
Florida Department of Law Enforcement
A1cohol Testing Program

AGENCY INSPECEION REPORT INTOXTLYZER EOOO

Agency: Sumter County
Tine of Inapqction I Dat€ of ltepactiont 31212922

selial NuDber: 08-000E l5
SofEwa!€:8100.27

CHECK OR TEST YES NO
Date and/or Tie6 Mjusted
Diagnostic Check (Pr€-Inapection) : OK

A1cohol Free subject tcst: 0.000

Moulh Alcohol Testr Slope Not Met

Int€rferont Detec! T€at: fnterf,er€nt Detect
Diagnosti.c Check (Paat-fnsp€ction) : OK

Alcohol Frce
T€at
G / 2rolt

0.059./210L Test
lc / 2Lot l
Lotll :
E:CP:

0.08g/210L T€st
ls / 2L0L,
l,otli:
Exp:

O.2Og/2LOL a.st
(s / 2LoLl
tot* :

Exp:

O .oA g/ zLoL
Dry Gas Std Test

ls / 2LoLl
Lot* :

Exp:

Nuloba! o! Sleulator! Uracti _
R-'k'' 

Due to February being a short month and we tcnd !o do our agency inspections clos€r to the end of the monlh. The
monthly agcncy inspections wasn't completed until March 2, 2022. The agency inspection will be completed in th€
middle ofevely month to prevent this from happening again.

t1t. tbov. in.trun Dt 6oqrli.! (_) do.r not ooqrLy (_) ,ith Ch.pt ! t1D_8, rlc.
I c.rtify thrt I hold . vtLid yJ,oridr D.pslt .at of !.lr Dnforo.D.at rgeDcl, tn.p.ctos p.rroLt rnd tbrt Ipr.fola.d tjrl,r inrp.otLon in .coord.nc. xitb tb. plovl.ion, of Chq)tcr 11D_0, IrC.

Lt. Hollis
Signa tu!. rnd Piint.d Na!.

0],0!'1gx

FDLE/ATP Forn 40 - March 2004 Ref. t t D-8.006

I



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Agency: Slr!4lER COUNTY SO
flm€ of Ingpsction: 12!18 Date of IaspectLo\t 03 /24/2022

Ser1al Nunbor r 80-000615
softeere:8100.27

Alcohol Ftaa
TrE t
lc / ?Lot'l

0.059/210r, T.tE
ls/2tor.l
:,ot*r202101C
41 0r/L212o27

0.089/210L T6st
ls/710r'l
t ot*:2O2OO7A
a;et 01/2L/2o22

0.2091210r, t.tE
(s/2tot l
Lot* ! 202005A
Rxp, 05/ L2 /2022

0.08 g/210r,
Dry O.. Std tc.E
{9/2r0L)
LotS ! 1182L080A2
E:4t 06/ 0S/2O23

0.000 0.048 0.078 0.198 0 -07?
0.000 0.049 0.078 o. 198 0.078
0.000 0.049 0.077 0.200 0.0?8

R€DaEkr r

A F / t'I A: MOUTH ALCoHOI, DIDNIT REA.D PRoPERLY.

Nu,!b.! of Slqukt,ora O..al: 5

Tho .bove inaUaulEat corqrll.. ( X ) do6r uol conErly ( ) rlEh Cb.pt.r 1lD-8, P C.

t c€.illy th.t I hold a vrlld Ploalda Dopartrl.Dt' ol La, Ealorcso.Et Ag€dey In.P.ctor Pe.rIlt and lhaE I
p.ltorDad Eblr lErpccEloa ,.n .ccosalanca y"lth tbG plowkloE! ol Cbaplar 11D-8, FAC,

SigrratuEa .nd Printad NaE

03 /24 /2022

Check or TesE YES NO
Dat€ and/oE tiBe Adjusted

No
DlagBoBEl,c Cb€ck (Pr€-IagpectloE) : OR

Yea
Al.cohoL free Subject Test: 0.000

Yea
MouEb Alcobol Test! Slope Not MeE

IrterfercD,E Detect T€alr IEt,erfereEE Detsects
Yea

DiagDosllc Cbeck (Po6E-IEspecElotr) r OK
Yes

FDLE/ATP Form 40 - March 2004

D.te

TERENCE L HOLLIS



 

AGENCY INSPECTION AND OTHER  

ELECTRONIC DATA REVIEW 
 

FDLE/ATP Form 42 October 2017  PRINTED COPIES UNCONTROLLED                   Page 1 of 1 
Issuing Authority: Alcohol Testing Program For Internal ATP Use Only   

Florida Department of 
Law Enforcement 

 
Agency: Sumter County Sheriff’s Office         Instrument Serial Number: 80-000815      
 

 

OTHER ELECTRONIC DATA REVIEW 

 Login Records  
             Date:       

Comments: 
The 0.05 Test was repeated.  The reason the test was repeated, as well as the corrective 
action taken prior to repeating the test, must be included in the remarks.  Cylinder Change Records 

             Date:       

 Control Test Records 
             Date:       

 Diagnostic Check Records 
             Date:       

 

CORRECTIVE ACTION 

 Record hand-written amendments on the FDLE/ATP Form 40, Agency Inspection Report, initial and date the amendments, mark 

the report “AMENDED”, and forward a copy to the Department Inspector by 10/2/2022 (Date). 

 Provide a written explanation regarding the referenced item(s) to the Department Inspector by       (Date). 

    Upload the Agency Inspection(s). 
    Remove the instrument from evidentiary use until otherwise directed by the Department. 
     No action required 
     Other:       

 

 

 

_____________________________________________________ 9/2/2022  

Signature of Alcohol Testing Program Staff Member                               Date  

AGENCY INSPECTION DATA REVIEW 

Agency Inspector: Terence Hollis Date of Inspection: 7/29/2022 Time of Inspection: 16:51:08 

Agency Inspection Discrepancy:  Incomplete       Untimely/Not Received  Erroneous Information  

  Procedural     Other (Missing Required Information) 

 Agency Inspection Not Conducted or Records regarding Agency Inspection have not been uploaded. 

 Lot Number Expiration Date for      g/ 210L Alcohol Reference Solution Dry Gas Standard is Incorrect Expired. 

 FDLE/ATP Form 39 states in part, “If a test must be repeated, the REASON must be entered when prompted and recorded in the        

Remarks section of FDLE/ATP Form 40 Agency Inspection Report – Intoxilyzer 8000.  The  REASON for repeating the following 
test(s); OR the   Possible Cause and Corrective Action Taken on the following test(s) was not recorded:  

            Alcohol Free Subject Test     Mouth Alcohol Test      Alcohol Free Test         Interferent Detect Test 

    0.05 g/210L Test                    0.08 g/210L Test           0.20 g/210L Test   0.08 g/210L Dry Gas Standard Test         

 FDLE/ATP Form 39 states in part, “If the instrument does not comply with the requirements of Chapter 11D-8, FAC, remove the 

instrument from service and notify the Department Inspector.”    
         The Department Inspector was not notified.  However, the issue was satisfactorily corrected and the repeated Agency      

Inspection complies with the requirements of Chapter 11D-8, FAC. 
 The Department Inspector was not notified.  However, the repeated Agency Inspection does not comply with the 

requirements of Chapter 11D-8, FAC and the instrument was correctly removed from evidentiary use. 
      The Department Inspector was not notified.  The repeated Agency Inspection does not comply with the requirements of 

Chapter 11D-8, FAC and the instrument was not removed from evidentiary use.   

 The Agency Inspection is noted as “Complies” when it does not comply with the requirements of Chapter 11D-8, FAC. 

 Other:       



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Dat6 of, losplct LoD,t 07 /29/2022

Check or Test YES NO

Date and/or TiD€ Adjusted
No

DLagrostic Cbsck (Pre - Iaspectsioa) ! OX
Yes

ALcohol Eree Subject Test: 0.000
Yes

Moutsh Alcoho1 Test: Slope Not Met
Yes

IaEerfere[t Detect Tests: ItlterferaDt. Delect

DiagBoatlc Cbeck ( Poat - IEapect,ioa) I OR

Yea

serl,rl Nulber: 80 - 00 0815
Sof,Eware:8100.2?

Alcohol frae
T€It
ls / 2loLl

0.059/210rJ ToBE
ls / 2r0r.l
Lot* r 2O21O1C
E*D. ot/1-2 /2023

0.08g/210L Tasts
ls /2roLl
Lots:202108D
El,Itr OA / 11/2023

0.20912loIJ 166l
ts /2LoLt
IJol*:202106B
arq-. 06 /22/2023

0.08 s/210L
Dry eat stsd Teat
(s /2ro,.}
Lot* r 213 07 3

E:{pt os/ 05/2024

0.000 o.o4s / o.oso 0.078 o.L97 0.079
0.000 o. o4s / 0.049 0.0?9 0.195 0.080
0.000 / 0.049 0.078 0.198 0.0?9

Agetrcy: SITUTBR COInCrY SO
TLme of l,r8pectloDr 1,6:51

Nunb€r of Simulatora g6ed: 5

RoErka r

05: Ambient Fai1.

AAEN,OED
Ixc- O.OS ta:|
{^.. l^ t\c- foorvr
6."np\e!.{ o..J

?he abovc laltrurcat cgqrli.r ( X ) do6s Dot congly (

I c6rts1ty thrt I hotd a valtd Elollda D€gartlacat ol IJar E!
perforEod thlB itrapactloE ia r.coratuc€ rtth th€ prowlaiotrs of

w€^s rageAil du.- fo qn fr^[lcnt (t^i\' I9'\
|o gc6rnrotc- b.l{-cr 6i^ llo,,,r, Ar'-"J tas[ tJ.^l

o.\\ !\".. So.rv\p\c,s p.-SJ. -?[^ to1
1/slaa

Q\

) rith ch.Dt.r 11D-8, !Ac.

loreaDaal AgaDcy laa9actor P€ltdt rnd thrt I
chaDte! 11D-9. FAc.

TEREIICE I, HOIJ,IS
.\l-

Slgrratura .nd Plint€d X.r!.

01/29/2022

FDLE/ATP Form 10 - March 2004

Date

I

I

I

lr"" I


