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OTHER ELECTRONIC DATA REVIEW 
Login Records  

             Date:       

Comments: 
The 0.05 ARS Test was repeated.  The reason for repeating the test, as well as the 
corrective action taken prior to repeating the test, must be included in the remarks. Cylinder Change Records 

             Date:       

Control Test Records 
             Date:       

Diagnostic Check Records 
             Date:       

 

CORRECTIVE ACTION 
Record hand-written amendments on the FDLE/ATP Form 40, Agency Inspection Report, initial and date the amendments, mark 

the report “AMENDED”, and forward a copy to the Department Inspector by 01/05/2023 (Date). 
Provide a written explanation regarding the referenced item(s) to the Department Inspector by       (Date). 
    Upload the Agency Inspection(s). 
    Remove the instrument from evidentiary use until otherwise directed by the Department. 
     No action required 
     Other:       

 
 
 
_____________________________________________________ 12/5/2022  
Signature of Alcohol Testing Program Staff Member                               Date  

AGENCY INSPECTION DATA REVIEW 
Agency Inspector: Paul Caudle Date of Inspection: 08/29/2022 Time of Inspection: 06:47:12 

Agency Inspection Discrepancy: Incomplete      Untimely/Not Received Erroneous Information  
 Procedural    Other (Missing Required Information) 
Agency Inspection Not Conducted or Records regarding Agency Inspection have not been uploaded.

Lot Number Expiration Date for  g/ 210L Alcohol Reference Solution Dry Gas Standard is Incorrect Expired. 

FDLE/ATP Form 39 states in part, “If a test must be repeated, the REASON must be entered when prompted and recorded in the        
Remarks section of FDLE/ATP Form 40 Agency Inspection Report – Intoxilyzer 8000.  The  REASON for repeating the following 
test(s); OR the   Possible Cause and Corrective Action Taken on the following test(s) was not recorded:  

           Alcohol Free Subject Test    Mouth Alcohol Test     Alcohol Free Test        Interferent Detect Test 
0.05 g/210L Test                   0.08 g/210L Test          0.20 g/210L Test 0.08 g/210L Dry Gas Standard Test        

FDLE/ATP Form 39 states in part, “If the instrument does not comply with the requirements of Chapter 11D-8, FAC, remove the 
instrument from service and notify the Department Inspector.”    

         The Department Inspector was not notified.  However, the issue was satisfactorily corrected and the repeated Agency      
Inspection complies with the requirements of Chapter 11D-8, FAC. 

 The Department Inspector was not notified.  However, the repeated Agency Inspection does not comply with the 
requirements of Chapter 11D-8, FAC and the instrument was correctly removed from evidentiary use. 

      The Department Inspector was not notified.  The repeated Agency Inspection does not comply with the requirements of 
Chapter 11D-8, FAC and the instrument was not removed from evidentiary use.   

The Agency Inspection is noted as “Complies” when it does not comply with the requirements of Chapter 11D-8, FAC. 

Other:       



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Ag€ncy: Sumter Counry
Tine of, Inapection: Date of lnspection: 31212922

NuDb.t' ot SiEulrtoE! Us.d' _
h*Ltt 

Due io February being a short month and we tend to do our agency inspections closer to the end of the month. The
monthly agency inspections wasn't completed until March 2,2022. Ttr- agercy inspection will be completed ir the
middle ofevcry month to prcvent this ftom hErpening again.

The .bov. inrtlre.nt coryli.. (_, do.s not oaryly (_, rith Ch.pt ! 11D_g, ErC.

r c'Etlly thlt r ho+d . v.Itd Plolidr D.p.tbeat of Li, ltlfoEcto.nt lg.acy Inll,.otot p.reit rnd that tp.rfoEo.d this inlp.cti,on ia.ccord.nce irith the provi.ion. of Ch.pt.r ffo_g,-fAC. 
_

Lt LoU Lt. Hollis

serial Nurber: 08-000816
Softrare: 8100.27

CHECK OR TEST YES NO
Date and/or Ti&e Adjusted
Diagnoetic Ch€ck (Plo-Inap€clion) : OK

Alcohol Pree gubj€ct Test: 0,000

Mouth Al,coho1 Teat: Slope Not Met

Intelf€lent Detect Toat: Interferent D€tact
Diagnoatic Check (Post-Insp6ction) : OK

Llcohal Fre€
f€at
k/2rol,t

0. o5g/2101 Tea€
(g/2lo1l
l,ot* :

E:qr r

O . 089/210L. T€st
lsl?LoLl
tott I

Exp:

0.209/210L Icat
(s/2LoLl
Lotl| r

Exp:

0.08 sl 2L0L
Dry Gas gtd T6at

lsl2Lot l
Lotll :
E:.p:

SLgnrtule ..nd hrl.nt.d N.!.

u3r0llfl

FDL ATP Forn 40 - March 2004 Rel. I lD.B.006



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER EOOO

A9eacy
Tltne o

t t|TEi co go
nspoctloa:12!32 DaEe of l!€peqc lolit 03/24/2022

serlal Nuribqr: 80-000816
softwarer 8100.2?

llcohol tra.
?lat
lc/z].ot't

0.059/210L r..t
lsl2t0r,l
Lotl:202101C
zxpt ot/t2/2o23

0.089/210L r.€t
(E/2ror,l
l,otf r 202007A
E*9. 01/2L/2022

0.209/210L r€st
( g/210r,)
rotl:202o0sA
ExDt 05/12/2022

0.08 gl1LOL
Dry 6!. Std T6rt
lE lzloLl
r,otl I11821080A2
z,Et o6/os /2023

0.000 0.046 0.075 0.196 0.073 / o .o14
0.000 0.046 o.o'71 0.196 0.073 / o - oj3
0.000 0.046 o ,017 0.195 0.0?3 / o .013

ft

naralk!:
08r Control outside Tol,erance, Contlol OuEside Tolerance. DGS READ BELOW TllE ACCBPTABLE RAIiGE
wrrH mLE. Tna .irrsarrar-r.^t .vl\\ bz. s rr.t +o CDf-E thfi,l

SPOKg

Thc.!ovt i,Eatfunaut cotq)Il.. ( ) doe. Dots coq,ly ( X LtEb Ch.pter 11D-8, lAC.

I cerli,ly tbat I hold e wellal trlorld. D.perElant ol Lrtr Slllorc.n nt At.acy lrdD.clor P.rnit rnal thet I
pelfolE€al !h1! lDap.ctloa Ln rccoldrnca t,llb th6 Drowlalons ol Ch.pts€r 11D-8, PAC.

Sl,Etatuta rnd PEi.nt€d llam

01/2112022

Check or Teae NO

Date and/or TiEe Adjusted

DiagrBostlc check (Pre - IEEpectiou) : oI(
Yea

Al-cohol Er€e subj€ct tost: 0.000
Yea

Mouth Alcobol TeaE: Slope No! MeE
Yea

InCerfereD! Detect TeEtr IEterfereDt DeEect.
Yes

Dlag!,oatslc Cbeck (PosE-Iaspec!1oa). OK
NO

FDLE/ATP Forn 40 - March 2004

Da!6

TERENCE L HOLLIS

Nuribo! o! Sleuletsora u6.d: 5

No



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER EOOO

Datsc of lrrpectfo,r|. 0A /29 /2022

check or Tes t NO

Date and/or TiDe Adjusted
No

Dlagaost.ic Cbeck ( Pre - Inapec Eion) : OR

Yes
Alcohol F!€e Sublect T6st: 0.000

Yes
Mouth Alcoh,o] Testi Slope NoE Met.

Yes
IqterfereDb Detect Teat: IDterfereEE DeEect

YeE
DiagEostic Cbeck (Post - IrBpaction) I OR

YeE

AgeDcy: SUrrfER CO SO
Tin. of lDslrectloD: 05: {7

SelLal Nu$ber: 80 - 000816
Software:8100.2?

Alcohol 8re6
Teat
ls /zror't

0.059/210L to.t
(E /zloLl
Lot*:202101C
R,,ptt ot/t2 /2023

0.089/210! Te!t.
ls/210t'l
l,ot*:2021OgD
EcFt OA/11/2023

0.209/210r, TeEr
ls/2tot l
L6tl:2021068
zxTtt 06 /22 /2023

0.09 g/210t
Dry Oas Std Taa!
(E /21oLl
t 6tl:213 073
E.q,t os/ 05 / 2OzA

0-000 o. o4s / o.o4G 0.075 0.194 0.078
0.000 0.044 / 0 - 046 0.075 0.195
0.000 0.045 / o . 046 0.075 0.194 0.078

Nunb€r of Slmulatole Uaed: 5

RcDlrkr r

05: Control Ouesi.de Tole.ance

T;$,lnrl . g! S:t *lsloe eal tc51a,/ Sa^ ( , T^.a ft/anh/ , of Oo.t l.tl fq/.

4.2-SlloTrlt

I cerEl.fy thrts
perfolo€d Ehl! i

Th€ abov6 lastrumaat colrpll€s ( X t do.r Dot corErly ( ) ,tth Cheptor 1lD-8, FAC.

I hold a veLld EIo!1d! Dopartn€Dt of Lar Enlolcaeents Agency lEsX,ector pemit and thrt I
ioE lccoldance rlth th€ provaaloa! of cheDts€r 11D-8, EAc.n

ture lnd ?rinted Nalla

0a/29 /2o22

FDLE/ATP Form 40 - Mcrrch 2004

Siqn.

DaE€

PAUL A CATJDLE

I




