Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-001312
Time of Inspection: 10:51 Date of Inspection: 04/26/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1408275
Exp: 11/19/2023
0.000 0.048 0.079 0.199 0.081
0.000 0.048 0.079 0.199 0.082
0.000 0.048 0.079 0.199 0.081
Number of Simulators Used: 5
R ks: 77 ¢ Wi
emarka: 7F° ém?/:an o2
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this i
-

Vs

.QAO/’ #3’5’3 WILLIAM P MAY

Signature and Printed Name

04/26/2022
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-001312
Time of Inspection: 08:16 Date of Imspection: 06/24/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry CGas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1408275
Bxp: 11/19/2023
0.000 0.048 0.079 0.197 0.082
0.000 0.049 0.079 0.199 0.082
0.000 0.049 0.079 0.198 0.082
Number of Simulators Used: S
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this ingmection in accordance with the provisions of Chapter 11D-8, FAC.

EV% '1%}%67:; WILLIAM P MAY

Fignature and Printed Name

06/24/2022
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-001312
Time of Inspection: 08:40 Date of Inspection: 07/29/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g9/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1408275
Exp: 11/19/2023
0.000 0.048 0.078 0.198 0.082
0.000 0.048 0.079 0.200 0.082
0.000 0.049 0.080 0.200 0.082
Number of Simulators Used: 5
Remarks:
PASS
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this ipspectjop in accordance with the provisions of Chapter 11D-8, FAC.

#Syj WILLIAM P MAY

Signature and Printed Name

07/29/2022

Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

Serial Number: 80-001312
Software: 8100.27

AGENCY INSPECTION REPORT -

Agency: WALTON COUNTY SO

Time of Inspection: 06:46 Date of Inspection: 08/31/2022

Check or Test YES NO
Date and/or Time Adjusted .
o

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)

Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:1408275

Exp: 11/19/2023
0.000 0.049 0.080 0.198 0.082
0.000 0.050 0.080 0.198 0.082
0.000 0.049 0.080 0.199 0.082

Number of Simulators Used: 5

Remarks:

The above instrument complies (

I certify that I hold a valid Flori

performed this spegti

) does not comply (

da Department of Law

in accordance with the provisions

[

‘%JQWm A
@

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

) with Chapter 11p-8, FaAC.

Enforcement Agenc
of Chapter 11D-8, FAC.

WILLIAM P MAY

08/31/2022

Date

Y Inspector Permit and that I




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-001312
Time of Inspection: 11:41 Date of Inspection: 09/30/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
Alcohol Free 0.059/210L Test 0.089/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:402367487
Bxp: 04/28/2025
0.000 0.050 0.080 0.199 0.081
0.000 0.050 0.080 0.200 0.082
0.000 0.050 0.080 0.200 0.081
Number of Simulators Used: 5
Remarks:
The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I

performed this spectiar in accordance with the provisions of Chapter 11D-8, FAC.
DAY/ TRE 573 I
‘ ' A d v L

C ) Signature and Printed Name

09/30/2022
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO
Time of Inspection: 11:37

Serial Number: 80-001312

Date of Inspection: 10/19/2022 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
{g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)

BExp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:402367487

Exp: 04/28/2025
0.000 0.051 0.080 0.199 0.082
0.000 0.051 0.080 0.200 0.082
0.000 0.051 0.081 0.200 0.082

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that I
performed this inspectyjon i;/}ccordance with the provisions of Chapter 11D-8, FAC.
y) : . / 'A_— #J"J:S WILLIAM P MAY
4 67 Signature and Printed Name
10/19/2022
Date

FDLE/ATP Form 40 — March 2004



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: WALTON COUNTY SO Serial Number: 80-001312
Time of Inspection: 16:41 Date of Imnspection: 11/30/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Imnspection): OK
Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcohol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Imnspection): OK
Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas 8td Test
(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:402367487
Exp: 04/28/2025
0.000 0.049 0.079 0.199 0.082
0.000 0.048 0.080 0.199 0.082
0.000 0.049 0.079 0.199 0.082
Number of Simulators Used: 5
Remarks:
The above ingtrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Imspector Permit and that I

performed th. inmgpection in accordance with the provisions of Chapter 11D-8, FAC.
}/5 [\)4 ,ém;&x/pﬁsﬁ WILLIAM P MAY
" )

Signature and Printed Name

11/30/2022
Date

FDLE/ATP Form 40 — March 2004




Florida Department of Law Enforcement
Alcohol Testing Program

INTOXILYZER 8000

Serial Number: 80-001312
Software: 8100.27

AGENCY INSPECTION REPORT -

Agency: WALTON COUNTY SO

Time of Inspection: 11:16 Date of Inspection: 12/29/2022

Check or Test YES NO
Date and/or Time Adjusted
No

Diagnostic Check (Pre-Imnspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes

Alcohol Free
Test

0.05g/210L Test
(g/210L)

0.08g/210L Test
(g/210L)

0.20g/210L Test
(g/210L)

0.08 g/210L
Dry Gas Std Test

(g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Exp: 01/12/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:402367487
Exp: 04/28/2025
0.000 0.049 0.080 0.198 0.082
0.000 0.049 0.081 0.198 0.082
0.000 0.049 0.080 04199 0.082

Number of Simulators Used: 5

Remarks:

The above instrument complies ( X ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector Permit and that

performed this spection in agpordance with the provisions of Chapter 11D-8, FAC.
‘D/S U &)‘ /(/14’ 3273 WILLIAM P MAY
I v Z ) Signature and Printed Name

12/29/2022
Date

FDLE/ATP Form 40 — March 2004



