- Florida Department of Law Enforcement
Alcohol Testing Program
AGENCY INSPECTION REPORT - INTOXILYZER 8000

Agency: OSCEOLA COUNTY S.0.
Time of Inspection: 11:24

Serial Number: 80-003937

Date of Inspection: 02/07/2022 Software: 8100.27

Check or Test YES NO
Date and/or Time Adjusted
No
Diagnostic Check (Pre-Inspection): OK
- Yes
Alcohol Free Subject Test: 0.000
Yes
Mouth Alcochol Test: Slope Not Met
Yes
Interferent Detect Test: Interferent Detect
Yes
Diagnostic Check (Post-Inspection): OK
Yes
'Alcoﬁol Frea 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test {g/210L) {g/210L) {g/210L) Dry Gas Std Test
{g/210L) Lot#:202101C Lot#:202108D Lot#:202106B (g/210L)
Bxp: 01/12/2023 Bxp: 08/17/2023 Exp: 06/22/2023 Lot#:1190213
Exp: 08/28/2022
0.000 0.047 0.078 0.193 0.078
0.000 0.048 0.078 0.195 0.079
0.000 0.047 0.078 0.195 0.078
Number of Simulators Used: 5
Remarks:
The above instrument complies | X ) does not comply {( ) with Chapter 11D-8, FAC.

I certify tha%s I hold a valid Florida Department of Law Enforcement Agency Imnspector Permit and that I

performed this

B,

spefgtion in accordance with the provisions of Chapter 11D-8, FAC.

DANIEL E LYONS

"

v
/

FDLE/ATP Form 40 — March 2004

Signature and Printed Name

02/07/2022

Date




Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT -

INTOXILYZER 8000

Agency: OSCEOLA COUNTY S.O. Serial Number: 80-003937
Time of Inspection: 14:34 Date of Inspection: 12/22/2022 Software: 8100.27
Check or Test YES NO
Date and/or Time Adjusted

Yes
Diagnostic Check (Pre-Inspection): OK

Yes
Alcohol Free Subject Test: 0.000

Yes
Mouth Alcohol Test: Slope Not Met

Yes
Interferent Detect Test: Interferent Detect

Yes
Diagnostic Check (Post-Inspection): OK

Yes
Alcohol Free 0.05g/210L Test 0.08g/210L Test 0.20g/210L Test 0.08 g/210L
Test (g/210L) (g/210L) (g/210L) Dry Gas Std Test
(g/210L) Lot#:202112A Lot#:202108D Lot#:202106B (g/210L)

Exp: 12/07/2023 Exp: 08/17/2023 Exp: 06/22/2023 Lot#:402330433

Exp: 01/24/2025
0.000 0.048 0.000 / 0.078 |0.198 0.078
0.000 0.048 0.000 / 0.078 | 0.199 0.079
0.000 0.049 0.000 / 0.079 |0.199 0.079

Number of Simulators Used: 5

Remarks:

Time-Date changed. 08:CONTROL OUTSIDE TOLERANCE,FAILED TO CONNECT SIM

The above instrument complies |( X ) does not comply (

edf/this inspectfon in accordance with the provisions of Chapter 11D-8, FAC.

) with Chapter 11D-8, FAC.

DANIEL/OWEN E LYONS/GAYLE

C -~ T ¥

12/22/2022
Date

FDLE/ATP Form 40 — March 2004

ify,that I holdfa valid Florida Department of Law Enforcement Agency Inspector Permit and that
perfo
1/ Ins S fa =

/ ’ 3lignature and Printed Name
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