
Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPE:ETION REFORT INTOXILYZER, SOOO

Diagnostic Check (Post-Inspection) : OK

o. 05g 2l_0L Tes t

Agency: GROVELAND FD
Time of Inspection: 0O:3? llate of Inspectiont 08/30/2Q24

0. 08q/210L Test
(g/ ?-lCtL)
Lot$:
Exp:

Sj.gnature and Printed l.Iame

08n0/?a24
Dat e

Serial Number: 80-CO1177
Software: 8100. 27

flo

O.og g/?.!Ai.
Dry Gas Std lest
(g/ 2 10L)
Lot#:

( s/2 lor, )
Lot#:
Exp r

Number of Sirnulators Used; 5

Remarks !

AF/MA:RangeExceeded

The above itrstrument complies ( x ) does not comply ( ) r.rith chapter LlD-8, FAc.

I certify that I hold a valid Florida Department of Law Enforcement Agency Inspector permit and that I
performed this ins pecbion 

\qrcoray*&ith the provisions of chapter 11D-8, FAc.

Vz--7 /+ RUSSEL s 
'ENA

No

NO

No

No

YES

Yes

Yes

Check or Test
Date and/or Time Adjusted

Diagnostic Check (Pre-Inspection) : OK

AlcohoJ- Free Subject Test: 0.000

Mouth Alcohol Test: Slope Not Met,

Interferent Detect Test: fnterferent Detect

O. 2Og,/210L Test
( s/ 210I. )
Lotli:
ExP:

Alcohol Free
Test
(g/2toL,

FDLEIATP Form 40 - March 2004

AF did not meet 0.000 due to residual MA after Range Exceeded. Canceled inspection, waited and restarted, 
second inspection passed with no other issues. 



Florida Department of Law Enfcrcement
Alcohol Testing Prograrn

AGENCY INSPECTTON REPORT INTOXILYZER BOOO

Agency: GROVELAND PD
Time of Inspeceion: O1:29

Number of Si.mulators Used: 5

Remarks:

I certify that I hold a
perforrned this inspecti.on

Date of Inspectiont 08/3O/2O24
Serial Numberr 8O-OC}1177
Software: 810O. 27

O.Ag g/zroL
Dry Gas Std Test
(g/?IOL.\
Lot#r01923080Ai

| 02 / 0li / J(\25

The above instrument conplies ( x ) does not compLy ( ) with chapter llD-g, FAc

valid Florida Department of taw Enforcement Agency Inspector permit and that I
vrith the provi.sions of Chapter 11D-8/ FAC,

G
trrre and Pri.nted Name

08/3C/t!0)4

YES NO

No

Yes

IYes

Check or Test
Date andr/or Time Adjusted

Diagnostic Check (Pre-fnspection) : OK

Alcoho1 Free SubjecL !est: 0.000

Mouth AlcohoL Test: Slope Not Met

fnterferent Detect Test: fnterferent Detect

Diagnostic Check (Post-Inspection) : OK

0.080
0.080
0.080

O.2Og/zlOL TesE
(g / 2loL)
Lot#:20230/c
Expz 01 /12/2025

0.196
0.I97
0.198

0. O8g/210L fest.
(tj / ?J.OL)
Lotii:202307A
E'xpt 07 / lli?AZ5

0.078
0.079
0.079

0.059/210L Test
(.9 / 21oL,)
Lot#:202303J
Exp: (t3/29/2025

0.049
0.049
0.049

Al.cohol Free
Test
(s/2toL\

0.000
0.000
0.000

FDLEIATP Form 40 --hlarch 2004

Date



Florida Department of Law Enforcement
Alcokrotr Testing Program

AGENCY INSPECTION REPORT INTOXTLYZER SOOO

Date of Inspectiont O7/23/2O24

Number of Simulators Used: 5

Remarks:

The above instrument cornplies ( x ) does not comply ( ) vrith chapter 11D-g, FAc

AgeDcy: GROVELAND PD
fime of Inspection: ).3:2O

Serial Nunber: 8O-O01177
Software:8100.27

NO

No

forcement Agency Inspector Permit and r-hat
Chapter 11D-8. FAC.

R S PENA

I certify that I hold a valid Florida Department of La?r En
performed this inspection in ag:osqance.r,rl€! the provisions of-ffiJ:---

Sigrrature and Printed Name

07/23/2024

YES

Yes

Yes

Yes

Yes

Check or Test
Date and/or Time Adjusted

Diagnostic Check (Pre-Inspection) : OK

Alcoho1 Free Subject Test: 0.000

Mouth Alcohol Test: Slope Not Met

fnterferent Detect Test: Interferent Det,ect

Diagnostic Check (Post-Inspection) : OK

O.2Og/zlOL TesE
(g / 2toL)
Lot#:202307C
Expz 07 /72/2025

0.OB g/210L
Dry Gas Std test
(s / 210L)
Lot#:0192308(ia3

. 02 / ()\ / 2,.t .)-',

0 .797 0.079
0.198 0.079
0.198 0.078

O.O8g/210L rest
(s/zIoL)
Lot*:202307A
Exp:07l11/2025

0.079
0.079
0.080

O.O5g/210L Test
(s/2IoL)
Lot#:202303J
Exp:03/28/2025

0.049
0.050
0.050

0.000
0.000

FDLEIATP Form 40 - Ivlarch 2004

Date

r



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Agency! GROVELAND PD
Tine of Inspection: LL:37 Date of Inspectionr O6/LO/2O24

SeriaL Number: 80-O01177
Software:8100.27

Diagnostic Check (Post-Inspection) : OK

O. O8g 21OL Test
(g / zLoL)
Lot*:202307A
Expl 07 /II/?025

0.050

Number of Simulators Used: 5

Remarks:
00: Ambient Fail

The above instrument complies ( x ) does not comply ( ) with Chapter 11D-8, FAC.

I certify that I hold a valid Florida Department of Law Enforcement Agenc!' Inspector Permit and that I
performed this I with the provisions of Chapter 11D-8, FAC.

Signature ancl Prin

06/r()/2024

NO

No

YES

Yes

Yes

Yes

Yes

Yes

Check or Test
Date and,/or Time Adjusted

Diagnostic Check- (Pre-Inspect-iorr) : OK

Alcohol Free Subject Test: 0.000

Mouth AIcohoI Test: Slope Not Met

fnterferent Detect Test: Interferent Detect

o . Og g,/ 210L
Dry Gas Std Test
(g / 2toL)
Lot*:01923080A3
r,xp:'02/05/2025
0.080
0.080
0.081-

0.2091210L Test
(s/27oL)
tot#:202307c
Expz 07 /12/2025

0,797
0.198
0.1.98

0.079
0.0 79

0. c79

0.059/210L Test
(g / 2toL)
Lot#:202303J
Exp:03/28/2025

0.049
0"050

Alcohol Free
Test
G/ZLOL\

/ 0.000
/ 0.000
/ o.ooo

I'DLEIATP Form 40 - March 2004

Date

Nile
RTI

Ambient Fail: Cleared area of solutions, retested OK. 



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER. SOOO

Date of Inspection:. O5/L3/2O24

Diagnostic Check (Post-Inspection) : OK

Iumber of Simulators Used: 5

Remarks:
Time-Date changed

The above instrument compries ( x ) does not comply ( ) vrith chapter 11D-9, FAc

I certify that I hold a valid Flo

Agency: GROVEIJIND PD
Tinre of Inspection: l-4 : 1.8

performed this inspection

Serial Number: 80-0011.77
Software: 81.0O.27

O.og g/2t0L
Dry Gas Std Test
(s/zLoL)
Lot#:01-q23080A3

: A2/05/2025

Department of Larf Enforcement Agency Inspector permit and that I
with the provisions of chaptei 11.D-8, FAc.

ture and Pri-nted Name

a5/ 1_3/2024

NO

Yes

YES

Yes

Ies

Yes

Yes

Yes

Check or Test
Date andlor Tine Adjusted

Diagnostic Check (Pre-Inspection): OK

ALcohol Free Su.bject Test: 0.000

Mouth Alcohol Test: Slope Not Met

fnterferent Detect Test: fnterferent Detect

0.080
0.080
0.080

0.209l21OL Test
(s / 2!OL)
Lor-* r 202205C
Expz 06/15/2024

0.200
0.20L
0.200

O.OBgl210L Test
(g / 2LoL)
Lol.* r2022068
Expz 05/I4/2024

0.079
0.080
0 " 080

O.059/210L Test
<9 / 2IoL)
Lot#:202303J
Exp:03/28/2025

0.050
0.050
0.050

Alcohol Free
'fest
(s/2toL)

0.000
0.000
0.000

FDLEIATP Form 40 - March 2004

Date

RUSSEL S PENA



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Agency: GROVELAND PD
Time of Inspectionl !2t49

Number of Simulators Used: 5

Remarks 3

The above inst:'ument complies (

I certify that I hold a valid
performed this inspection in ac

Date of Inspection: 04/22/2024
Serial Number: 8O-O01177
Software: 81.00.27

x ) does not comply ( ) vrith Chapter 11D-8, FAC.

Florida Department of Law Enforcement Agency Itrspector permit and that I
h the provisions of Chapter 11D-8, FAC.

and Prj-nted Name

04/22/2024

NO

No

yEs

Yes

Yes

Yes

Yes

Yes

Check or Test
Date and/or Tine Adjusted

Diagnostic Check (Pre-Inspection) : OK

AJ.cohol Free Subject Test: 0.000

Mouth AlcohoL Test: Slope Not Met

fnterferent Detect Test: Interferent Detect

Diagnostic Check (Post-Inspection) : OK

O.OB g/2IaL
Dry Gas Std Test
(s/zLoL)
Lot#:07622080A2
Expt 05/05/2024

0.080
0.080
0.080

0.2091210L Test
(s / 21OL)
Lot* t202206C
Expz 06/15/2024

0.199
0.200
0.199

0.089/210L Test
(g/2toL,
Lot*:202205B
E'xp:06/I4/2024

0.079
0.079
0.079

0.059/210t Test
(s / 2tor.1
Lot#:202303J
E.xpz 03/28/2025

0.050
0.050
0.050

Alcohol Free
fest
(s/zlOL)

0.000
0.000
0.000

FDLEIATP Fonn 40 - March 2001

Siqna

Date



Florida Department of Law Enforcement
Alcohol Testing Program

AGENCY INSPECTION REPORT INTOXILYZER SOOO

Agency: GROVELAND PD
Time of Inspection: l6:35 Date of Inspection: Ot/O8/2O24

vrith the provisions of Chapter 11D-8, FAC

Sigrrature and Printed Name

0r/08/2024

Serial Number: 80-001177
Softvrare: 81O0.27

Number of SimuLators Used: 5

Remarks:

The above instrument compries ( x ) does not compry ( ) with chapter 1lD-8, FAc

I certify that I hold a valid Florida Department of Lavr Enforcement Agency Inspector Permit and that I
perforrned this 1n,O""rt"rZry

NO

No

YES

Yes

Yes

Yes

Yes

Yes

Check or Test
Date and,/or Time AdSusted

Diagnostic Check (Pre-fnspection) : OK

AJ.cohol Free Subject Test: 0.000

Mouth Alcohol Test: Slope Not Met

Interferent Detect Test: Interferent Detect

Diagnostic Check (Post-Inspecti-on) : OK

0.08 g/210L
Dry cas Std Test
(s/ 2LoL\
Lot#:07522080A2
Expz 05/05/2024

0.079
0.079
0.079

0.2091210L Eest
(g / 2LoL)
Lot# z202205C
Exp:.06/15/2A24

0.199
0.200
0.200

0.089/210L Test
(s / zro'-)
Lot* 22022068
Expz 06/14/2024

0.079
0.080
0.080

O.O5g/210L Best
(g/2LoL)
Lot*:20230J
Exp:03/28/2025

0.050
0.050
0.051

Alcohol Free
rest
(g / zIoL)

0.000
0.000
0.000

FDLEIATP Form 40 - March 2004

Date

RUSSEI, S PENA


