
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4401/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

12:56

Hialeah Gardens PD

ROMERO,ARIAM

10/01/2015

25413080A2

Hialeah Gardens PD

ROMERO,ARIAM,

HARRIS

12/23/2015

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.079Control Test 01:33

0.000Air Blank 01:33

# 1 0.180Subject Sample 01:34

1.558Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.172Subject Sample 01:40 Volume Not Met

0.054Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 3 0.181Subject Sample 01:44

1.117Breath Volume 01:44

0.000Air Blank 01:45

0.076Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/07/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5301/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:26

Hialeah Gardens PD

RIVERO,YOALBERT

10/01/2015

25413080A2

Hialeah Gardens PD

RIVERO,YOALBERT,

BURGOS JR

01/07/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:35

# 1 0.000Subject Sample 03:36

1.988Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.000Subject Sample 03:39

1.386Breath Volume 03:39

0.000Air Blank 03:39

0.077Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 02/11/2016 09:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:0801/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:25

Hialeah Gardens PD

JIMENEZ,OSIEL

10/01/2015

25413080A2

Hialeah Gardens PD

JIMENEZ,OSIEL,

LOPEZTOPPE

01/07/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.071Control Test 21:59 Control Outside Tolerance

0.000Air Blank 22:00

Data Download Date/Time: 02/11/2016 09:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:3801/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:25

Hialeah Gardens PD

JIMENEZ,OSIEL

10/01/2015

25413080A2

Hialeah Gardens PD

JIMENEZ,OSIEL,

LOPEZTOPPE

01/07/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.070Control Test 22:03 Control Outside Tolerance

0.000Air Blank 22:03

Data Download Date/Time: 02/11/2016 09:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5601/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:25

Hialeah Gardens PD

JIMENEZ,OSIEL

10/01/2015

25413080A2

Hialeah Gardens PD

JIMENEZ,OSIEL,

LOPEZTOPPE

01/07/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.071Control Test 22:06 Control Outside Tolerance

0.000Air Blank 22:06

Data Download Date/Time: 02/11/2016 09:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:2701/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:25

Hialeah Gardens PD

JIMENEZ,OSIEL

10/01/2015

25413080A2

Hialeah Gardens PD

JIMENEZ,OSIEL,

LOPEZTOPPE

01/07/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.071Control Test 22:09 Control Outside Tolerance

0.000Air Blank 22:10

Data Download Date/Time: 02/11/2016 09:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:22

Miami-Dade PD

VARGAS,D

10/01/2015

25413080A2

Miami-Dade PD

VARGAS,D,

QUILES

12/22/2015

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.079Control Test 03:54

0.000Air Blank 03:54

# 1 0.055Subject Sample 03:55

1.265Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.056Subject Sample 03:58

1.683Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/06/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3401/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

02:02

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

PACE

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.007Subject Sample 02:24

1.351Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.000Subject Sample 02:28

1.507Breath Volume 02:28

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:0301/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:28

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

ALVAREZ

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:54

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1001/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:52

Miami-Dade PD

KINSEY-SMITH,FELICIA

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

MARTINEZ

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:0101/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

00:01

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

VARA

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

# 1 0.234Subject Sample 00:31 Volume Not Met

0.019Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.223Subject Sample 00:34

1.621Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 3 0.216Subject Sample 00:39

1.363Breath Volume 00:39

0.000Air Blank 00:40

0.077Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:41

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4601/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:15

Miami-Dade PD

FRANCO,GREGORY

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

SANTELISES

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

# 1 0.184Subject Sample 02:50

1.160Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.184Subject Sample 02:54

2.636Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2201/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:44

Miami-Dade PD

KINSEY-SMITH,FELICIA

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

DE JESUS

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.151Subject Sample 04:18

2.230Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.139Subject Sample 04:21

1.851Breath Volume 04:21

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2201/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

02:15

Miami-Dade PD

KINSEY-SMITH,FELICIA

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

HOYOS

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:51 Subject Test Refused

0.000Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:5601/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:00

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

MACEDO

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:37 Subject Test Refused

0.000Breath Volume 04:37

0.000Air Blank 04:37

0.078Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4901/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:07

Miami-Dade PD

FRANCO,GREGORY

08/05/2016

19014080A3

Miami-Dade PD

FRANCO,GREGORY,R

MARIN

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

# 1 0.160Subject Sample 01:33

2.667Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.155Subject Sample 01:36

1.964Breath Volume 01:36

0.000Air Blank 01:36

0.078Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:3001/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:38

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

DEJESUS

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:19

0.000Air Blank 04:19

# 1 0.171Subject Sample 04:19

2.824Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.178Subject Sample 04:22

2.648Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5401/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:32

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

SCHOOR

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:22

0.078Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:5401/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:30

Miami-Dade PD

VARGAS,DAEL

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

MERINI

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

# 1 0.000Subject Sample 22:55

2.097Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.000Subject Sample 22:58

2.570Breath Volume 22:58

0.000Air Blank 22:58

0.078Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 02/03/2016 09:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2801/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:45

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

LEMA TORRES

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.078Control Test 03:09

0.000Air Blank 03:09

# 1 0.000Subject Sample 03:10

3.226Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:13

2.515Breath Volume 03:13

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4001/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:47

Miami-Dade PD

TAHA,KHALED

08/05/2016

19014080A3

Coral Gables PD

CLOSIUS,RICHARD,L

DETRES

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1101/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:26

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

RAMIL

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.169Subject Sample 04:00

1.257Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.177Subject Sample 04:03

1.925Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4501/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:55

Miami-Dade PD

VALDEZ,MICHAEL

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

ABREU CISNEROS

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

# 1 0.185Subject Sample 00:20

1.929Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:22

# 2 0.197Subject Sample 00:23

1.140Breath Volume 00:23

0.000Air Blank 00:23

0.079Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4501/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:52

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

PAREKH

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.080Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:4001/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:45

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

CASTILLO

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

# 1 0.196Subject Sample 05:18

2.496Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.213Subject Sample 05:20

2.417Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:3301/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:55

Miami-Dade PD

CLOSIUS,RICHARD

08/05/2016

19014080A3

Miami-Dade PD

CLOSIUS,RICHARD,L

MATOS

01/06/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:24

0.000Air Blank 22:24

# 1 0.000Subject Sample 22:25

1.562Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.000Subject Sample 22:28

1.714Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 02/03/2016 09:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5001/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:55

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

BRANTLEY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

# 1Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:0901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:10

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

STEWART

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:39

# 1 0.097Subject Sample 03:40

1.542Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.101Subject Sample 03:43

2.230Breath Volume 03:43

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4501/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:25

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

HUMPHREY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:12

0.082Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:3701/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

00:50

Jacksonville SO

PAUL,S

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

PLATZ

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.082Control Test 05:17

0.000Air Blank 05:18

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:0901/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:05

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

WILLIAMS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.081Control Test 01:08

0.000Air Blank 01:08

# 1 0.197Subject Sample 01:09

1.472Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.193Subject Sample 01:12

1.875Breath Volume 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:4801/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

21:50

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

BEAL

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.082Control Test 23:10

0.000Air Blank 23:10

# 1 0.015Subject Sample 23:11

4.621Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.017Subject Sample 23:14

4.582Breath Volume 23:14

0.000Air Blank 23:14

0.082Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4701/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:21

Jacksonville SO

MONTGOMERY,K

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

WERNER

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.082Control Test 00:59

0.000Air Blank 01:00

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.083Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2101/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

23:55

Jacksonville SO

MOELLER,R

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

LYNCH

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.083Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:53

0.083Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0901/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:58

Jacksonville SO

MONTGOMERY,K

07/09/2017

15615080A2

FHP Troop G

SMITH,KEVIN,W

DAVIS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.083Control Test 03:31

0.000Air Blank 03:32

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.083Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:5901/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:59

Jacksonville SO

COLEMAN,F

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

BLANKENSHIP

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

# 1 0.233Subject Sample 01:37

2.902Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.229Subject Sample 01:40

2.835Breath Volume 01:40

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:0701/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:47

Jacksonville SO

EANES,J

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

KEMBLE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.083Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:07 No Sample Provided

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2Subject Sample 04:12 No Sample Provided

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.083Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3101/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:47

Jacksonville SO

EANES,J

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

KEMBLE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.083Control Test 04:16

0.000Air Blank 04:16

# 1 0.124Subject Sample 04:17

2.144Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.120Subject Sample 04:21

1.617Breath Volume 04:21

0.000Air Blank 04:21

0.085Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1001/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:01

Jacksonville SO

BROWN,T

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

OTIKOR

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.082Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4001/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:03

Jacksonville SO

BROWN,T

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

ROLAND

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.082Control Test 01:26

0.000Air Blank 01:26

# 1 0.186Subject Sample 01:27

4.367Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.188Subject Sample 01:30

4.679Breath Volume 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0001/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:13

Jacksonville SO

BROWN,T.A.

07/09/2017

15615080A2

Jacksonville SO

WEBER,JOSEPH,L

MEHMEDOVIC

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.068Control Test 00:11 Control Outside Tolerance

0.000Air Blank 00:12

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4201/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:30

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

RODRIGUEZ

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.082Control Test 22:07

0.000Air Blank 22:08

# 1 0.000Subject Sample 22:09

2.937Breath Volume 22:09

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.000Subject Sample 22:12

2.234Breath Volume 22:12

0.000Air Blank 22:12

0.083Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:4601/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

19:45

Jacksonville SO

DOYLE,B

07/09/2017

15615080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

EARNHARDT

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.082Control Test 23:17

0.000Air Blank 23:17

# 1 0.130Subject Sample 23:18

2.085Breath Volume 23:18

0.000Air Blank 23:19

0.000Air Blank 23:20

# 2 0.134Subject Sample 23:21

1.523Breath Volume 23:21

0.000Air Blank 23:21

0.082Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:1601/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

22:30

Jacksonville SO

BRYAN,D

07/09/2017

15615080A2

FHP Troop G

DINKINS,CHRISTOPHER,D

WILKES

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.082Control Test 00:30

0.000Air Blank 00:30

# 1 0.107Subject Sample 00:31

2.007Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.097Subject Sample 00:34

2.035Breath Volume 00:34

0.000Air Blank 00:35

0.082Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4801/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:05

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MATTHEWS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:55 Subject Test Refused

0.000Breath Volume 01:55

0.000Air Blank 01:55

0.082Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2801/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:20

Jacksonville SO

HINTON,A

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

NABORS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.082Control Test 02:41

0.000Air Blank 02:41

# 1 0.210Subject Sample 02:42

1.539Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.197Subject Sample 02:44

1.273Breath Volume 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:0201/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

03:53

Jacksonville SO

HOUSTON,S

07/09/2017

15615080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

EARLY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:12

0.082Control Test 06:12

0.000Air Blank 06:13

# 1 0.199Subject Sample 06:13

2.382Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.203Subject Sample 06:16

2.910Breath Volume 06:16

0.000Air Blank 06:17

0.082Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:18

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:4301/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:45

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

DUNLAP

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.082Control Test 00:48

0.000Air Blank 00:49

# 1 0.152Subject Sample 00:51

1.203Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.146Subject Sample 00:55

1.542Breath Volume 00:55

0.000Air Blank 00:55

0.081Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/15/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4401/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:15

Jacksonville SO

FISETTE,J

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

COOPER

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.082Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 01/15/2016 08:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5001/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

03:04

Jacksonville SO

HOWELL,H

07/09/2017

15615080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

TAUNTON

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.082Control Test 05:15

0.000Air Blank 05:16

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:16

0.082Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 01/15/2016 08:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0901/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:16

Jacksonville SO

BROWN,T

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

HUDSON-GREENWOOD

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.081Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/15/2016 08:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:5201/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

03:30

Jacksonville SO

RODRIQUENZ,C

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

DEEL

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.082Control Test 05:25

0.000Air Blank 05:26

# 1Subject Sample 05:26 Subject Test Refused

0.000Breath Volume 05:26

0.000Air Blank 05:26

0.080Control Test 05:27

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 01/15/2016 08:58

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0201/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

21:51

Jacksonville SO

MOSLEY,M

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

THRASHER

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:40

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:43

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2801/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:20

Jacksonville SO

MARRERO,J

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

MCCORMICK

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.171Subject Sample 03:50

1.359Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.177Subject Sample 03:52

2.031Breath Volume 03:52

0.000Air Blank 03:53

0.082Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:21

Jacksonville SO

VEAL,J

07/09/2017

15615080A2

Atlantic Beach PD

HAND,JARRETT,D

LETANG

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.251Subject Sample 04:57

1.195Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.246Subject Sample 05:00

2.738Breath Volume 05:00

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3601/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

21:21

Jacksonville SO

BROWN,T

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

GREGOIRE

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:17

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:18

3.042Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.000Subject Sample 23:21

2.777Breath Volume 23:21

0.000Air Blank 23:21

0.081Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2101/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:35

Jacksonville SO

EANES,J

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

BODDIE

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:16

# 1 0.184Subject Sample 03:17

3.132Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.185Subject Sample 03:20

2.300Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4901/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

22:55

Jacksonville SO

BAI,S

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

MILES

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

# 1 0.141Subject Sample 00:14

3.464Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:16

# 2 0.144Subject Sample 00:17

4.179Breath Volume 00:17

0.000Air Blank 00:17

0.081Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:0001/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:50

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

FEELEY

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:48

0.082Control Test 00:48

0.000Air Blank 00:49

# 1 0.093Subject Sample 00:49

1.281Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 2 0.107Subject Sample 00:52

1.878Breath Volume 00:52

0.000Air Blank 00:53

0.082Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:54

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:4001/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:30

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

WALLACE

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.082Control Test 02:15

0.000Air Blank 02:15

# 1 0.231Subject Sample 02:16

3.343Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.235Subject Sample 02:19

3.421Breath Volume 02:19

0.000Air Blank 02:19

0.082Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0801/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:10

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

JEWELL

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.082Control Test 03:10

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3101/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

20:56

Jacksonville SO

PETERS,R

07/09/2017

15615080A2

Jacksonville Beach

HAND,JARRETT,D

ZAENGLEIN

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.081Control Test 23:36

0.000Air Blank 23:37

# 1 0.139Subject Sample 23:37

2.250Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.138Subject Sample 23:41

2.433Breath Volume 23:41

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1801/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:30

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

FREEMAN

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

# 1 0.043Subject Sample 01:36

3.976Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.043Subject Sample 01:39

3.328Breath Volume 01:39

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1801/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

00:11

Jacksonville SO

HOWELL,H

07/09/2017

15615080A2

Jacksonville Beach

HAND,JARRETT,D

KEWIN

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

# 1 0.196Subject Sample 02:50

2.195Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.196Subject Sample 02:53

2.132Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:5801/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

20:50

Jacksonville SO

WHITE,J

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

RUIZ

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.081Control Test 23:25

0.000Air Blank 23:26

# 1Subject Sample 23:26 Subject Test Refused

0.000Breath Volume 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4401/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:25

Jacksonville SO

TERRELL,T

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MACK

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:27

# 1 0.124Subject Sample 00:28

1.585Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.115Subject Sample 00:31

1.281Breath Volume 00:31

0.000Air Blank 00:31

0.081Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1501/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:00

Jacksonville SO

WALL,C

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

CARTER

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:0401/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:11

Jacksonville SO

MITLYNG,T

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

GOMEZ PEREZ

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.082Control Test 04:35

0.000Air Blank 04:35

# 1 0.145Subject Sample 04:37

1.191Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.154Subject Sample 04:40

1.878Breath Volume 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:42

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:0701/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

02:47

Jacksonville SO

MOELLER,R

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MATHIS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.082Control Test 05:15

0.000Air Blank 05:16

# 1 0.114Subject Sample 05:16

2.187Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.115Subject Sample 05:19

1.714Breath Volume 05:19

0.000Air Blank 05:20

0.081Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:3301/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

21:41

Jacksonville SO

BYRNE,J

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

WIGGINS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.082Control Test 23:27

0.000Air Blank 23:28

# 1 0.030Subject Sample 23:28

2.144Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.031Subject Sample 23:32

2.363Breath Volume 23:32

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3201/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

23:47

Jacksonville SO

MONTGOMERY,K

07/09/2017

15615080A2

FHP Troop G

SMITH,KEVIN,W

BROWN

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.082Control Test 01:26

0.000Air Blank 01:26

# 1 0.221Subject Sample 01:27

1.296Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.217Subject Sample 01:30

2.019Breath Volume 01:30

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3501/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:44

Jacksonville SO

COLEMAN,F

07/09/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

SELKE

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.082Control Test 02:25

0.000Air Blank 02:25

# 1 0.137Subject Sample 02:26

4.285Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.119Subject Sample 02:29

1.222Breath Volume 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5101/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:47

Jacksonville SO

EANES,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

CHAVEZ BAUTISTA

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.083Control Test 03:53

0.000Air Blank 03:54

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.082Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:5301/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

02:47

Jacksonville SO

MONTGOMERY,K

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

DEDRICK

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.082Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3701/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

03:30

Jacksonville SO

DAWSON,B

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

RAMIREZ

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.082Control Test 05:21

0.000Air Blank 05:21

# 1 0.205Subject Sample 05:22

3.937Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.208Subject Sample 05:25

4.210Breath Volume 05:25

0.000Air Blank 05:25

0.082Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:2301/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

17:10

Jacksonville SO

MARRERO,J

07/09/2017

15615080A2

Jacksonville SO

BIALKOSKI,WILLIAM,J

ROGERS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.081Control Test 19:44

0.000Air Blank 19:45

# 1 0.175Subject Sample 19:45

2.011Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.178Subject Sample 19:48

2.031Breath Volume 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:0701/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

18:07

Jacksonville SO

KLING,D

07/09/2017

15615080A2

Jacksonville Beach

BIALKOSKI,WILLIAM,J

PIGG

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.081Control Test 20:51

0.000Air Blank 20:51

# 1 0.162Subject Sample 20:52

1.582Breath Volume 20:52

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.173Subject Sample 20:55

2.496Breath Volume 20:55

0.000Air Blank 20:56

0.081Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 01/29/2016 08:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1001/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

00:43

Jacksonville SO

BRYANT,R

07/09/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

GWIAZDA

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.081Control Test 02:23

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 01/29/2016 08:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:2701/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:13

Jacksonville SO

WHITE,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

GEBO

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.082Control Test 04:51

0.000Air Blank 04:51

# 1 0.093Subject Sample 04:52

1.820Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.093Subject Sample 04:54

1.800Breath Volume 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 01/29/2016 08:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5001/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:20

Jacksonville SO

FISETTE,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

CARLOS

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:02

# 1Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1701/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:50

Jacksonville SO

BARTILUCCI,D

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

BOWEN

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:0901/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:20

Jacksonville SO

HOOVER,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

PAREDES

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.081Control Test 05:17

0.000Air Blank 05:18

# 1 0.102Subject Sample 05:18

3.453Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.100Subject Sample 05:21

3.546Breath Volume 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:0301/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

21:25

Jacksonville SO

HEALY,G

07/09/2017

15615080A2

FHP Troop G

SMITH,KEVIN,W

TUTT

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.082Control Test 23:20

0.000Air Blank 23:21

# 1Subject Sample 23:21 Subject Test Refused

0.000Breath Volume 23:21

0.000Air Blank 23:22

0.082Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:23

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4001/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

22:00

Jacksonville SO

FISETTE,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

STEVENSON

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.082Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.082Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0601/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:50

Jacksonville SO

GARCIA,J

07/09/2017

15615080A2

Jacksonville SO

SMITH,KEVIN,W

CANNON

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.082Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2301/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

21:17

Jacksonville SO

GREEN,J

07/09/2017

15615080A2

Atlantic Beach PD

SMITH,KEVIN,W

NICHOLSON

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 02/12/2016 13:39

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5601/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

21:40

Jacksonville SO

MANN,J

07/05/2017

15615080A2

Jacksonville SO

HALLIDAY,ROBERT,A

DAY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:46

2.265Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.000Subject Sample 01:49

1.605Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1901/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:35

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

HALLIDAY,ROBERT,A

MCENTIRE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.152Subject Sample 03:42

1.843Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.153Subject Sample 03:45

2.714Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2501/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

02:21

Jacksonville SO

CAMACHO,K

07/05/2017

15615080A2

Neptune Beach PD

HALLIDAY,ROBERT,A

MUSGRAVE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:25 Subject Test Refused

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:3701/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

18:11

Jacksonville SO

BYRNE,J

07/05/2017

15615080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

FREEMAN

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.080Control Test 21:13

0.000Air Blank 21:13

# 1 0.000Subject Sample 21:14

2.574Breath Volume 21:14

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.000Subject Sample 21:17

2.718Breath Volume 21:17

0.000Air Blank 21:17

0.080Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0501/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:30

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

THIGPEN,JAMES,T

ARTHUR

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

Air Blank 21:54 RFI Detect

0.000Air Blank 21:55

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4601/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:30

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

THIGPEN,J,T

ARTHUR

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:57

0.000Air Blank 21:57

# 1 0.000Subject Sample 22:00 Volume Not Met

0.097Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.238Subject Sample 22:03

2.042Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 3 0.235Subject Sample 22:07

2.375Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0001/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:27

Jacksonville SO

MOSLEY,M

07/05/2017

15615080A2

Jacksonville SO

BERRY,SHANON,E

EWTON

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.164Subject Sample 23:50

3.671Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.140Subject Sample 23:53

1.218Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 3 0.161Subject Sample 23:56

3.621Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4201/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:05

FHP Troop G

BOWEN,J

07/05/2017

15615080A2

FHP Troop G

BERRY,SHANON,E

CHRISTY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.078Control Test 04:58

0.000Air Blank 04:58

# 1 0.161Subject Sample 04:59

1.898Breath Volume 04:59

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.158Subject Sample 05:02

2.164Breath Volume 05:02

0.000Air Blank 05:02

0.078Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 01/15/2016 09:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:1701/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:20

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

BERRY,SHANON,E

STRICKLAND

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 01/29/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4101/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

23:13

Jacksonville SO

KEY,M

07/05/2017

15615080A2

Atlantic Beach PD

BERRY,SHANON,E

KIRKLAND

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.078Control Test 01:50

0.000Air Blank 01:51

# 1 0.093Subject Sample 01:52

1.113Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.091Subject Sample 01:55

1.671Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/29/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:5601/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

00:47

Jacksonville SO

KEEN,C

07/05/2017

15615080A2

Jacksonville Beach

BERRY,SHANON,E

MORALES

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 01/29/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1201/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:09

Jacksonville SO

EANES,J

07/05/2017

15615080A2

Jacksonville SO

THIGPEN,J,T

HART

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.080Control Test 22:18

0.000Air Blank 22:18

# 1 0.070Subject Sample 22:21

2.175Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.070Subject Sample 22:24

2.441Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 01/29/2016 08:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3701/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

20:55

Jacksonville SO

GARCIA,J

07/05/2017

15615080A2

Jacksonville SO

THIGPEN,J,T

GILBERT

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:21

# 1 0.025Subject Sample 22:22

4.238Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.027Subject Sample 22:25

4.148Breath Volume 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 02/12/2016 13:56

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3001/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

23:20

Jacksonville SO

MONTGOMERY,K

07/05/2017

15615080A2

FHP Troop G

HAND,JARRETT,D

GILLON

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.078Control Test 01:20

0.000Air Blank 01:20

# 1 0.115Subject Sample 01:21

1.777Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.110Subject Sample 01:24

1.656Breath Volume 01:24

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:15

Jacksonville SO

CULLEN,D

07/05/2017

15615080A2

Jacksonville SO

HAND,JARRETT,D

CORREA

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:05

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5301/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:20

Jacksonville SO

BARTILUCCI,D

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MAXWELL

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0501/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:20

Jacksonville SO

FISETTE,J

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

ROUSE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:41 Subject Test Refused

0.000Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0901/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

02:46

Jacksonville SO

HOWELL,H

07/05/2017

15615080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

AMOR

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1 0.161Subject Sample 04:42

4.550Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.158Subject Sample 04:45

4.453Breath Volume 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:2201/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

00:30

Jacksonville SO

BELK,A

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

AMOS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.080Control Test 05:54

0.000Air Blank 05:54

# 1 0.000Subject Sample 05:55

2.019Breath Volume 05:55

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.000Subject Sample 05:58

1.910Breath Volume 05:58

0.000Air Blank 05:58

0.080Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0701/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:10

Jacksonville SO

FISETTE,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

NIEHAUS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1 0.182Subject Sample 01:37

3.511Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.193Subject Sample 01:40

3.636Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:4601/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:40

Jacksonville SO

FISETTE,J

07/05/2017

15615080A2

Jacksonville SO

HALLIDAY,ROBERT,A

RILEY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:17

2.707Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:20

# 2 0.000Subject Sample 23:20

1.687Breath Volume 23:20

0.000Air Blank 23:20

0.081Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0401/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:05

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHAD,L

SATTERFIELD

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5201/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

00:35

Jacksonville SO

FISETTE,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

WILCOX

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1201/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:03

Jacksonville SO

GREEN,J

07/05/2017

15615080A2

Atlantic Beach PD

PRUETT,RICHARD,L

CURATOLO

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:1401/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:47

Jacksonville SO

WALDRIP,B

07/05/2017

15615080A2

Neptune Beach PD

SCOTT,J,A

MORDECAI

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1 0.154Subject Sample 00:18

2.617Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.147Subject Sample 00:21

2.246Breath Volume 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2701/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:22

Jacksonville SO

HEALY,G

07/05/2017

15615080A2

FHP Troop G

PRUETT,RICHARD,L

NONATO

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4101/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:58

Jacksonville SO

BYRNE,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

BOLIVAR

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.180Subject Sample 03:42

3.703Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.174Subject Sample 03:46

2.339Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:4401/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:42

05:25

Jacksonville SO

BRYANT,R

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

GOFF

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:02

0.000Air Blank 07:03

0.080Control Test 07:03

0.000Air Blank 07:04

# 1Subject Sample 07:04 Subject Test Refused

0.000Breath Volume 07:04

0.000Air Blank 07:04

0.079Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3001/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:13

Jacksonville SO

HEALY,G

07/05/2017

15615080A2

FHP Troop G

HALLIDAY,ROBERT,A

SHOEMAKER

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.147Subject Sample 02:37

2.933Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.152Subject Sample 02:40

2.507Breath Volume 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0301/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

19:13

Jacksonville SO

CORDERIO,E

07/05/2017

15615080A2

FHP Troop G

BIALKOSKI,WILLIAM,J

DINKINS

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

# 1Subject Sample 21:39 Subject Test Refused

0.000Breath Volume 21:39

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:40

OKDiagnostics Check 21:41

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:1001/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:05

Jacksonville SO

HOOVER,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

LARSON

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1 0.113Subject Sample 23:22

2.460Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.115Subject Sample 23:25

2.414Breath Volume 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:2401/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:30

Jacksonville SO

BARTILUCCI,D

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

GHEBREZGABHER

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:57

0.000Air Blank 23:57

# 2 0.190Subject Sample 23:58

1.382Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.182Subject Sample 00:01

1.617Breath Volume 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1501/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

23:39

Jacksonville SO

CONNER,B

07/05/2017

15615080A2

Jacksonville Beach

PRUETT,RICHARD,L

HUERTA

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

# 1Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1601/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

23:39

Jacksonville SO

CONNER,B

07/05/2017

15615080A2

Jacksonville Beach

PRUETT,RICHARD,L

HUERTA

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1 0.127Subject Sample 02:20

1.542Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.127Subject Sample 02:23

1.179Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3501/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

01:15

Jacksonville SO

HOOVER,J

07/05/2017

15615080A2

Jacksonville SO

HALLIDAY,ROBERT,A

WIZE

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:10

# 1 0.194Subject Sample 03:11

2.355Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.192Subject Sample 03:14

2.234Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:1801/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

03:51

Jacksonville SO

NGUYEN,M

07/05/2017

15615080A2

Jacksonville SO

HALLIDAY,ROBERT,A

CURRY

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:22

0.000Air Blank 06:23

0.081Control Test 06:23

0.000Air Blank 06:24

# 1 0.172Subject Sample 06:25

2.269Breath Volume 06:25

0.000Air Blank 06:25

0.000Air Blank 06:27

# 2 0.183Subject Sample 06:27

1.824Breath Volume 06:27

0.000Air Blank 06:28

0.081Control Test 06:28

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5301/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:15

Jacksonville SO

GARCIA,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

STRIPP

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:34

# 1 0.147Subject Sample 23:35

2.304Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:37

# 2 0.145Subject Sample 23:38

1.617Breath Volume 23:38

0.000Air Blank 23:38

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3601/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:12

Jacksonville SO

KEEN,C

07/05/2017

15615080A2

Jacksonville Beach

PRUETT,RICHARD,L

RAMO

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:2101/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

02:35

Jacksonville SO

SAUNDERS,H

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

WILLIAMSON

12/30/2015

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

# 1 0.248Subject Sample 04:26

1.414Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:28

# 2 0.248Subject Sample 04:29

3.351Breath Volume 04:29

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 01/15/2016 09:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:4501/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

21:10

Jacksonville SO

HEALY,G

07/05/2017

15615080A2

FHP Troop G

LEVERENZ,PATRICK,T

STOEBER

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.078Control Test 23:13

0.000Air Blank 23:13

# 1 0.178Subject Sample 23:15

1.531Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.182Subject Sample 23:20

2.433Breath Volume 23:20

0.000Air Blank 23:20

0.077Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0801/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:20

Jacksonville SO

GAST,D

07/05/2017

15615080A2

Jacksonville SO

SUTTON,BRADEN,J

JENKINS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.140Subject Sample 02:41

3.730Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.140Subject Sample 02:44

1.589Breath Volume 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:2801/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:40

Jacksonville SO

MOORE,A

07/05/2017

15615080A2

Atlantic Beach PD

SUTTON,BRADEN,J

RAYNOR

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:4101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

17:25

Jacksonville SO

MARRERO,J

07/05/2017

15615080A2

Jacksonville SO

MARTELL,CHRIS,D

HART

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.078Control Test 18:58

0.000Air Blank 18:58

# 1 0.148Subject Sample 18:59

1.371Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.170Subject Sample 19:02

2.175Breath Volume 19:02

0.000Air Blank 19:03

0.000Air Blank 19:05

# 3 0.170Subject Sample 19:06

2.191Breath Volume 19:06

0.000Air Blank 19:06

0.078Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:5501/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:36

Jacksonville SO

BAI,S

07/05/2017

15615080A2

Jacksonville SO

MARTELL,CHRIS,D

PEREIRA

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.079Control Test 20:11

0.000Air Blank 20:12

# 1Subject Sample 20:12 Subject Test Refused

0.000Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:0601/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:00

Jacksonville SO

GERMANN,G

07/05/2017

15615080A2

Jacksonville SO

STEVENS,DAVID,A

ELVERS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.000Subject Sample 20:43

2.207Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.000Subject Sample 20:46

2.062Breath Volume 20:46

0.000Air Blank 20:47

0.079Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:2301/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

19:45

Jacksonville SO

SPENCER,K

07/05/2017

15615080A2

Jacksonville SO

STEVENS,DAVID,A

ROBERTS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:23

# 1Subject Sample 21:24 Subject Test Refused

0.000Breath Volume 21:24

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:3101/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

17:15

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

MARTELL,CHRIS,D

APPLETON

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:23

# 1 0.000Subject Sample 18:24

2.750Breath Volume 18:24

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.000Subject Sample 18:27

2.605Breath Volume 18:27

0.000Air Blank 18:27

0.081Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:1901/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:00

Jacksonville SO

BYRNE,J

07/05/2017

15615080A2

Jacksonville SO

MARTELL,CHRIS,D

LAWLER

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:40

# 1 0.000Subject Sample 19:41

1.218Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.000Subject Sample 19:44

2.574Breath Volume 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:5301/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

20:25

Jacksonville SO

BAI,S

07/05/2017

15615080A2

Jacksonville SO

MARTELL,CHRIS,D

HUGHES

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:33

# 1 0.081Subject Sample 22:35

1.746Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.078Subject Sample 22:39

1.472Breath Volume 22:39

0.000Air Blank 22:39

0.080Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1501/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:14

Jacksonville SO

MONTGOMERY,K

07/05/2017

15615080A2

FHP Troop G

SUTTON,BRADEN,J

SHOWALTER

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:4201/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

17:25

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

BAKER,TYLER,R

ELLIOTT

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1Subject Sample 20:02 Subject Test Refused

0.000Breath Volume 20:02

0.000Air Blank 20:02

0.081Control Test 20:03

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3701/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

23:52

Jacksonville SO

HEALY,G

07/05/2017

15615080A2

FHP Troop G

PRUETT,RICHARD,L

BEGLEY

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:30

# 1 0.048Subject Sample 01:31

1.496Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.049Subject Sample 01:35

2.015Breath Volume 01:35

0.000Air Blank 01:35

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1301/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

00:30

Jacksonville SO

FISETTE,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

HELTON

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.141Subject Sample 02:29

1.542Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.138Subject Sample 02:32

1.472Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:1301/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:45

Jacksonville SO

TERRELL,T

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

NICOLITZ

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:09 No Sample Provided

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3001/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

23:25

Jacksonville SO

REEVES,A

07/05/2017

15615080A2

Jacksonville Beach

PRUETT,RICHARD,L

WALLS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.081Control Test 02:10

0.000Air Blank 02:10

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2901/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:30

Jacksonville SO

GARCIA,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

DURDEN

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.081Control Test 03:18

0.000Air Blank 03:18

# 1 0.126Subject Sample 03:19

2.765Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.133Subject Sample 03:21

2.308Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1301/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

01:20

Jacksonville SO

LANE,C

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

CAMPBELL

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.081Control Test 04:23

0.000Air Blank 04:23

# 1Subject Sample 04:23 Subject Test Refused

0.000Breath Volume 04:23

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:1101/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

03:30

Jacksonville SO

CAMACHO,F

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

EVERY

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:19

# 1 0.196Subject Sample 05:19

3.164Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.190Subject Sample 05:22

2.445Breath Volume 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 01/29/2016 08:41

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:2401/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

03:52

Jacksonville SO

COLEMAN,F

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

VALERIO

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:09

0.000Air Blank 06:10

0.080Control Test 06:10

0.000Air Blank 06:10

# 1Subject Sample 06:11 Subject Test Refused

0.000Breath Volume 06:11

0.000Air Blank 06:11

0.080Control Test 06:11

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:1501/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:40

Jacksonville SO

EANES,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

OCONNOR

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5201/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:50

Jacksonville SO

EANES,J

07/05/2017

15615080A2

Jacksonville SO

PRUETT,RICHARD,L

AMMONS

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

# 1 0.125Subject Sample 04:06

2.152Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.132Subject Sample 04:09

3.882Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:2201/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

23:16

Jacksonville SO

KLING,D

07/05/2017

15615080A2

Jacksonville Beach

SUTTON,BRADEN,J

ROBEY

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3401/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:39

Jacksonville SO

HEALY,G

07/05/2017

15615080A2

FHP Troop G

HAND,JARRETT,D

RIVETTE

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0601/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

01:41

Jacksonville SO

MONTGOMERY,K

07/05/2017

15615080A2

FHP Troop G

HAND,JARRETT,D

BURCHFIELD

01/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.134Subject Sample 03:26

3.054Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.120Subject Sample 03:29

2.140Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 01/29/2016 08:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0801/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

23:23

Jacksonville SO

THOMPSON,M

07/05/2017

15615080A2

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

PIERCE

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/12/2016 13:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0801/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:10

Jacksonville SO

GARCIA,J

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

HARRISON

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.115Subject Sample 03:09

3.265Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.113Subject Sample 03:12

3.464Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 02/12/2016 13:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4101/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:01

Jacksonville SO

FISSEL,M

07/05/2017

15615080A2

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

RUOCCO

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1Subject Sample 23:34 Subject Test Refused

0.000Breath Volume 23:34

0.000Air Blank 23:34

0.080Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 02/12/2016 13:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2501/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

22:40

Jacksonville SO

HOOVER,J

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MOHOLLAND

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.058Subject Sample 02:46

2.695Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.058Subject Sample 02:49

2.960Breath Volume 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 02/12/2016 13:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5101/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:00

Jacksonville SO

GARCIA,J

07/05/2017

15615080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MCHALE

01/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

# 1Subject Sample 23:36 Subject Test Refused

0.000Breath Volume 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 02/12/2016 13:44

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:14

Nassau County SO

MASON,C

08/05/2016

19014080A3

Nassau County SO

SHOOK,J,S

FRITTS

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1 0.175Subject Sample 02:13

2.355Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.173Subject Sample 02:16

2.035Breath Volume 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:16

Nassau County SO

DELEON,LIZANDRO

08/05/2016

19014080A3

Nassau County SO

DOUGLAS,DAVID,M

SIZEMORE

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:0601/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:27

Nassau County SO

THIRSK,K

08/05/2016

19014080A3

Nassau County SO

GORDON,GREG,M

MORGAN

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.082Control Test 04:38

0.000Air Blank 04:39

# 1 0.000Subject Sample 04:40

2.511Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.000Subject Sample 04:44

2.562Breath Volume 04:44

0.000Air Blank 04:45

0.082Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:59:2801/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:35

10:30

Nassau County SO

HIGGINBOTHAM,B

09/05/2017

22315080A3

Nassau County SO

HIGGINBOTHAM,B,K

LECLERC

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:56

0.000Air Blank 10:56

0.081Control Test 10:56

0.000Air Blank 10:57

# 1Subject Sample 10:57 Slope Not Met

2.140Breath Volume 10:57

0.000Air Blank 10:58

0.081Control Test 10:58

0.000Air Blank 10:59

OKDiagnostics Check 10:59

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:11:0701/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:35

10:30

Nassau County SO

HIGGINBOTHAM,B

09/05/2017

22315080A3

Nassau County SO

HIGGINBOTHAM,B,K

LECLERC

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:04

0.000Air Blank 11:05

0.081Control Test 11:05

0.000Air Blank 11:06

# 1 0.316Subject Sample 11:06

3.085Breath Volume 11:06

0.000Air Blank 11:07

0.000Air Blank 11:09

# 2 0.314Subject Sample 11:09

2.773Breath Volume 11:09

0.000Air Blank 11:10

0.080Control Test 11:10

0.000Air Blank 11:11

OKDiagnostics Check 11:11

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1201/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:35

Nassau County SO

THOLL,KYLE

09/05/2017

22315080A3

Nassau County SO

HOLLIMON,SHANIESA,L

LUTRICK

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1 0.185Subject Sample 03:29

1.972Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 2 0.191Subject Sample 03:32

2.613Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:03:4001/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

07:23

Nassau County SO

COPHER,CHRISTIAN

09/05/2017

22315080A3

Nassau County SO

MORGAN,MATTHEW,M

WICKER

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:00

0.000Air Blank 10:01

0.080Control Test 10:01

0.000Air Blank 10:01

# 1Subject Sample 10:02 Subject Test Refused

0.000Breath Volume 10:02

0.000Air Blank 10:02

0.081Control Test 10:03

0.000Air Blank 10:03

OKDiagnostics Check 10:03

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5201/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:06

Nassau County SO

THOLL,KYLE

09/05/2017

22315080A3

Nassau County SO

HOLLIMON,SHANIESA,L

HUGHES

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

# 1 0.000Subject Sample 03:29

2.367Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.000Subject Sample 03:32

2.234Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:3101/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:01

Nassau County SO

DELACRUZ,M

09/05/2017

22315080A3

Nassau County SO

SHOOK,J,S

CARTER

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

# 1 0.231Subject Sample 00:07

1.550Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.227Subject Sample 00:11

1.625Breath Volume 00:11

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2201/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:39

Nassau County SO

PALECEK,D

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

POPE

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.082Control Test 03:17

0.000Air Blank 03:18

# 1 0.071Subject Sample 03:19

2.964Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.072Subject Sample 03:22

3.082Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:5501/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:41

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

SAPP

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1 0.091Subject Sample 03:40

2.207Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.091Subject Sample 03:43

3.105Breath Volume 03:43

0.000Air Blank 03:43

0.082Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:1901/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:35

Nassau County SO

DELEON,LIZANDRO

09/05/2017

22315080A3

Nassau County SO

GORDON,GREG,M

WILLIAMS

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

# 1Subject Sample 20:43 No Sample Provided

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2Subject Sample 20:48 No Sample Provided

0.000Breath Volume 20:48

0.000Air Blank 20:49

0.082Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:5101/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:42

Nassau County SO

THOMASON,T

09/05/2017

22315080A3

Nassau County SO

MCNEIL,K,P

ERRICO

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.081Control Test 22:20

0.000Air Blank 22:21

# 1 0.198Subject Sample 22:22

2.546Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 2 0.197Subject Sample 22:25

2.769Breath Volume 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:4901/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:27

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

JOHNSON

12/14/2015

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.216Subject Sample 22:28

1.125Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.239Subject Sample 22:31

1.484Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 3 0.236Subject Sample 22:34

2.242Breath Volume 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 01/27/2016 05:45

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:1801/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:55

Nassau County SO

JONES,STEVEN

09/05/2017

22315080A3

Nassau County SO

DOUGLAS,DAVID,M

DAMRON

01/27/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.082Control Test 21:35

0.000Air Blank 21:35

# 1Subject Sample 21:35 Subject Test Refused

0.000Breath Volume 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 02/16/2016 06:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1601/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:26

U of Fl PD

DOYLE,NICHOLAS

05/01/2016

07014080A2

U of Fl PD

SASSER,KRISTY,G

PURPURA

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

# 1 0.158Subject Sample 03:22

1.167Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.147Subject Sample 03:26

1.562Breath Volume 03:26

0.000Air Blank 03:27

0.077Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3001/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:40

U of Fl PD

SHEFFIELD,KHRISTOPHER

05/01/2016

07014080A2

U of Fl PD

MORGAN,RICKY,L

DAVIS JR

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

# 1 0.145Subject Sample 03:39

2.781Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.144Subject Sample 03:42

1.582Breath Volume 03:42

0.000Air Blank 03:43

0.075Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:0601/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:12

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

SASSER,KRISTY,G

FERGUSON

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.077Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0601/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:18

U of Fl PD

HENRY,ASHLEY

05/01/2016

07014080A2

U of Fl PD

MORGAN,RICKY,L

WINTER

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.077Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:51 No Sample Provided

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.077Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2901/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:47

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

MORGAN,RICKY,L

STEPHENS

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.077Control Test 04:08

0.000Air Blank 04:08

# 1 0.179Subject Sample 04:09

1.843Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.198Subject Sample 04:12

1.867Breath Volume 04:12

0.000Air Blank 04:13

0.075Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3701/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:13

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

PETERSON,KYLE,A

EDWARDS

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.077Control Test 01:50

0.000Air Blank 01:50

# 1 0.232Subject Sample 01:52

2.339Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.233Subject Sample 01:55

1.277Breath Volume 01:55

0.000Air Blank 01:55

0.077Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3001/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:51

U of Fl PD

PETERSON,KYLE

05/01/2016

07014080A2

U of Fl PD

SILVER,SCOTT,J

ZAMORA AGUILERA

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.077Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:40 No Sample Provided

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.077Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4901/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:58

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

MCCORMICK,ERIC,R

FITZGERALD

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:55

# 1 0.180Subject Sample 03:58 Volume Not Met

0.160Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.077Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:0901/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:54

Alachua County SO

SMITH,JERED

05/01/2016

07014080A2

Alachua County SO

HUNT,CHARLES,R

ELWOOD

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.078Control Test 05:36

0.000Air Blank 05:37

# 1 0.172Subject Sample 05:37

1.589Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:39

# 2 0.167Subject Sample 05:40

2.449Breath Volume 05:40

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5001/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:44

U of Fl PD

ANDERSON,GEOFFREY

05/01/2016

07014080A2

U of Fl PD

ANDERSON,GEOFFREY,A

FAIR

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:25

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

MCCORMICK,ERIC,R

GIBSON

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:23 No Sample Provided

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1201/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:50

U of Fl PD

PETERSON,KYLE

05/01/2016

07014080A2

U of Fl PD

PETERSON,KYLE,A

BARKER

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

# 1 0.154Subject Sample 03:34

1.789Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.161Subject Sample 03:37

2.207Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:49

U of Fl PD

MOROS,JACOB

05/01/2016

07014080A2

U of Fl PD

MORGAN,RICKY,L

DE LOS SANTOS

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.077Control Test 03:52

0.000Air Blank 03:52

# 1 0.081Subject Sample 03:54

2.234Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.074Subject Sample 03:56

2.078Breath Volume 03:56

0.000Air Blank 03:57

0.076Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:0901/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:33

U of Fl PD

MCCARTHY,NIKITA

05/01/2016

07014080A2

U of Fl PD

MCCORMICK,ERIC,R

GARCIA

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.077Control Test 05:20

0.000Air Blank 05:21

# 1 0.056Subject Sample 05:21

2.421Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.054Subject Sample 05:24

1.972Breath Volume 05:24

0.000Air Blank 05:25

0.077Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5501/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:18

U of Fl PD

PETERSON,KYLE

05/01/2016

07014080A2

U of Fl PD

PETERSON,KYLE,A

WILLIS

12/10/2015

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

# 1Subject Sample 04:01 No Sample Provided

0.000Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 01/21/2016 20:50

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1401/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:17

U of Fl PD

WILLIAMS,STEPHANIE

05/01/2016

07014080A2

U of Fl PD

MCCORMICK,ERIC,R

SPELMAN

01/21/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

# 1 0.000Subject Sample 03:18

2.320Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.000Subject Sample 03:21

3.207Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/18/2016 09:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:2301/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:08

FHP Troop G

BEAGLE,JANET

03/01/2016

02814080A3

FHP Troop G

BEAGLE,J,L

MILLER

12/31/2015

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.082Control Test 05:09

0.000Air Blank 05:10

# 1 0.099Subject Sample 05:10

1.753Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.092Subject Sample 05:13

2.234Breath Volume 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 01/28/2016 05:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4401/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:30

Baker County SO

ROBINSON,KYLE

03/01/2016

02814080A3

FHP Troop G

DRIGGERS,RODNEY,M

BOX

12/31/2015

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.081Control Test 02:56

0.000Air Blank 02:56

# 1 0.163Subject Sample 02:57

1.917Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.150Subject Sample 03:00

1.781Breath Volume 03:00

0.000Air Blank 03:00

0.081Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 01/28/2016 05:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3401/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:31

FHP Troop G

ROBINSON,KYLE

03/01/2016

02814080A3

FHP Troop G

ROBINSON,KYLE,A

CHASE

12/31/2015

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.082Control Test 04:03

0.000Air Blank 04:04

# 1 0.132Subject Sample 04:05

4.984Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.132Subject Sample 04:07

4.781Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 01/28/2016 05:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001288CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5801/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:04

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

GOODWIN,JAMES,B

OGDEN

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.074Control Test 02:34 Control Outside Tolerance

0.000Air Blank 02:34

Data Download Date/Time: 01/01/2016 18:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001288CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:04

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

GOODWIN,JAMES,B

OGDEN

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.074Control Test 02:38 Control Outside Tolerance

0.000Air Blank 02:38

Data Download Date/Time: 01/01/2016 18:46

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:04

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

GOODWIN,JAMES,B

OGDEN

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.076Control Test 02:41

0.000Air Blank 02:41

# 1 0.083Subject Sample 02:42

2.691Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.081Subject Sample 02:45

2.152Breath Volume 02:45

0.000Air Blank 02:46

0.077Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/01/2016 18:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:2401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:27

FHP Troop G

HILLIARD,KARI

03/09/2018

1824329

FHP Troop G

HILLIARD,KARI,A

PLATON

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.078Control Test 23:38

0.000Air Blank 23:38

# 1 0.000Subject Sample 23:39

2.593Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:43

2.425Breath Volume 23:43

0.000Air Blank 23:43

0.078Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:4501/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

19:07

Union County SO

ELLIS,JARED

03/09/2018

1824329

Union County SO

ELLIS,JARED,B

WARD

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:55

0.081Control Test 19:55

0.000Air Blank 19:55

# 1 0.255Subject Sample 19:56

1.304Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:58

# 2 0.257Subject Sample 19:59

1.492Breath Volume 19:59

0.000Air Blank 19:59

0.080Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:5401/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:38

Union County SO

JANKOWSKI,JAMES

03/09/2018

1824329

Union County SO

JANKOWSKI,JAMES,F

ALVAREZ

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.075Control Test 23:09

0.000Air Blank 23:10

# 1Subject Sample 23:10 Subject Test Refused

0.000Breath Volume 23:10

0.000Air Blank 23:11

0.074Control Test 23:11 Control Outside Tolerance

0.000Air Blank 23:11

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:4801/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:14

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

JANKOWSKI,JAMES,F

JONES

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

# 1 0.193Subject Sample 20:12

2.292Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.199Subject Sample 20:15

1.964Breath Volume 20:15

0.000Air Blank 20:15

0.080Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:5701/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:05

FHP Troop G

SMATT,JUSTIN

03/09/2018

1824329

FHP Troop G

SMATT,JUSTIN,M

KENNINGTON

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.081Control Test 05:29

0.000Air Blank 05:30

# 1Subject Sample 05:30 Subject Test Refused

0.000Breath Volume 05:30

0.000Air Blank 05:31

0.081Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4201/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:02

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

JANKOWSKI,JAMES,F

GATHRIGHT

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.082Control Test 03:12

0.000Air Blank 03:13

# 1 0.175Subject Sample 03:14

3.750Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.178Subject Sample 03:17

4.570Breath Volume 03:17

0.000Air Blank 03:17

0.082Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1401/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:18

Union County SO

HANCOCK,CHRISTOPHER

03/09/2018

1824329

Union County SO

GOODWIN,JAMES,B

BLANK

12/29/2015

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.082Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/29/2016 15:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:1901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:33

Bradford County SO

SHOUP,BRANDON

09/09/2016

AG425202

Bradford County SO

KONKEL,SCOTT,M

KNIGHT

12/20/2015

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.078Control Test 04:16

0.000Air Blank 04:16

# 1 0.131Subject Sample 04:16

1.347Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.134Subject Sample 04:20

2.339Breath Volume 04:20

0.000Air Blank 04:21

0.076Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/13/2016 21:15

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3801/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:15

Bradford County SO

WILLIAMS,TERRELL

09/09/2016

AG425202

Bradford County SO

KONKEL,SCOTT,M

DURRENCE

12/20/2015

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:56

# 1 0.176Subject Sample 02:57

2.734Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.176Subject Sample 03:00

2.945Breath Volume 03:00

0.000Air Blank 03:00

0.076Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 01/13/2016 21:15

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:2401/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:44

12:27

Bradford County SO

KING,PAUL

09/09/2016

AG425202

Starke PD

WILLIAMS,TERRELL,G

ALDRIDGE

01/13/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:04

0.000Air Blank 13:05

0.078Control Test 13:05

0.000Air Blank 13:06

# 1Subject Sample 13:09 No Sample Provided

0.000Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2Subject Sample 13:12 Subject Test Refused

0.000Breath Volume 13:12

0.000Air Blank 13:12

0.078Control Test 13:12

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 02/25/2016 18:28

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:3301/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:21

Bradford County SO

MCAHANN,KELLI

09/09/2016

AG425202

Starke PD

KONKEL,SCOTT,M

HENLEY

01/13/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.079Control Test 18:41

0.000Air Blank 18:41

# 1 0.044Subject Sample 18:42

2.316Breath Volume 18:42

0.000Air Blank 18:42

0.000Air Blank 18:44

# 2 0.043Subject Sample 18:45

3.203Breath Volume 18:45

0.000Air Blank 18:45

0.077Control Test 18:45

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 02/25/2016 18:28

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:1801/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:55

Bradford County SO

WITT,BRADLEY

09/09/2016

AG425202

Bradford County SO

WITT,BRADLEY,G

HENDRIX

01/13/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

# 1 0.133Subject Sample 21:39

1.351Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.133Subject Sample 21:42

1.460Breath Volume 21:42

0.000Air Blank 21:43

0.078Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 02/25/2016 18:28

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2201/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:00

FHP Troop A

SOLOMON,JEREMY

03/13/2017

1650824

FHP Troop A

SOLOMON,JEREMY,R

SELLERS

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

# 1 0.146Subject Sample 03:47

2.515Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.129Subject Sample 03:50

2.933Breath Volume 03:50

0.000Air Blank 03:51

0.077Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0701/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:37

FHP Troop A

SOLOMON,J

03/13/2017

1650824

FHP Troop A

SOLOMON,J,R

BUTLER

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

# 1 0.187Subject Sample 03:00

1.273Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.177Subject Sample 03:04

1.394Breath Volume 03:04

0.000Air Blank 03:05

0.075Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:5801/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:28

FHP Troop A

WILSON,LAMAR

03/13/2017

1650824

FHP Troop A

WILSON,LAMAR,H

SCHOENTAG

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:06

0.000Air Blank 17:07

0.079Control Test 17:07

0.000Air Blank 17:08

# 1Subject Sample 17:11 No Sample Provided

0.000Breath Volume 17:11

0.000Air Blank 17:11

0.000Air Blank 17:13

# 2Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:17

0.079Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5701/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

01:25

Marianna PD

KIMMICH,JAMES

03/13/2017

1650824

Marianna PD

SCARBOROUGH,TYLER,J

WILLIAMS

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:3101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:52

Marianna PD

ROEDEL,ANDREW

03/13/2017

1650824

Jackson County SO

STROUD,NICHOLAS,D

MACK JR

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

# 1 0.000Subject Sample 01:39

1.976Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.000Subject Sample 01:42

2.253Breath Volume 01:42

0.000Air Blank 01:42

0.077Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:4301/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:55

FHP Troop A

HARSEY,WESLEY

03/13/2017

1650824

FHP Troop A

HARSEY,WESLEY,H

HARGROVE

12/25/2015

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.217Subject Sample 21:53

3.027Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.232Subject Sample 21:56

3.308Breath Volume 21:56

0.000Air Blank 21:56

0.079Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 01/27/2016 19:30

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2601/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:44

FHP Troop A

VENNELL,JOHN

03/13/2017

1650824

FHP Troop A

VENNELL,JOHN,B

EDISON

01/27/2016

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.077Control Test 03:49

0.000Air Blank 03:49

# 1Subject Sample 03:50 Subject Test Refused

0.000Breath Volume 03:50

0.000Air Blank 03:50

0.078Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 02/20/2016 15:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3501/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:26

Madison County SO

MORRIS,MARTIN

08/05/2016

20314080A4

Madison County SO

KOREY,FREDERICK,J

MARTINEZ

12/09/2015

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.078Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/11/2016 11:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:1201/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:45

FHP Troop H

WRIGHT,JOSHUA

08/05/2016

20314080A4

FHP Troop H

WRIGHT,JOSHUA,N

MEDDERS

01/11/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.078Control Test 23:55

0.000Air Blank 23:56

# 1 0.000Subject Sample 23:56

1.949Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.000Subject Sample 23:59

2.726Breath Volume 23:59

0.000Air Blank 00:00

0.077Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 02/15/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:32:5901/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:48

09:28

FHP Troop H

SLEIGHER,JOHN

08/05/2016

20314080A4

FHP Troop H

SLEIGHER,JOHN,C

LAWSON

01/11/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:26

0.000Air Blank 10:26

0.078Control Test 10:26

0.000Air Blank 10:27

# 1 0.171Subject Sample 10:28

2.601Breath Volume 10:28

0.000Air Blank 10:28

0.000Air Blank 10:30

# 2 0.169Subject Sample 10:31

2.875Breath Volume 10:31

0.000Air Blank 10:32

0.079Control Test 10:32

0.000Air Blank 10:32

OKDiagnostics Check 10:32

Data Download Date/Time: 02/15/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4701/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:51

FHP Troop H

SLEIGHER,JOHN

08/05/2016

20314080A4

FHP Troop H

SLEIGHER,JOHN,C

CLARK

01/11/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:58

0.000Air Blank 17:59

0.080Control Test 17:59

0.000Air Blank 17:59

# 1 0.248Subject Sample 18:01 No .020 agreement

1.230Breath Volume 18:01

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.233Subject Sample 18:07 Volume Not Met

0.613Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:09

# 3 0.271Subject Sample 18:10 No .020 agreement

2.152Breath Volume 18:10

0.000Air Blank 18:10

0.076Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 02/15/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:3601/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:41

FHP Troop H

SLEIGHER,JOHN

08/05/2016

20314080A4

FHP Troop H

SLEIGHER,JOHN,C

CLARK

01/11/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.079Control Test 18:53

0.000Air Blank 18:53

# 1 0.226Subject Sample 18:54

2.097Breath Volume 18:54

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.254Subject Sample 18:58

1.699Breath Volume 18:58

0.000Air Blank 18:58

0.000Air Blank 19:00

# 3 0.257Subject Sample 19:01

1.585Breath Volume 19:01

0.000Air Blank 19:01

0.078Control Test 19:02

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 02/15/2016 10:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:19:3301/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:53

11:16

Bay County SO

POTTER,MONTREZ

03/04/2016

AG406302

Bay County SO

POTTER,MONTREZ,R

RILEY

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:13

0.000Air Blank 12:13

0.080Control Test 12:14

0.000Air Blank 12:14

# 1 0.143Subject Sample 12:15

1.792Breath Volume 12:15

0.000Air Blank 12:15

0.000Air Blank 12:17

# 2 0.141Subject Sample 12:18

1.695Breath Volume 12:18

0.000Air Blank 12:18

0.080Control Test 12:18

0.000Air Blank 12:19

OKDiagnostics Check 12:19

Data Download Date/Time: 01/27/2016 11:02

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

Bay County SO

PRICE,CARLON

03/04/2016

AG406302

Bay County SO

PRICE,CARLON,E

SIGL

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

# 1 0.158Subject Sample 02:11

1.902Breath Volume 02:11

0.000Air Blank 02:11

Air Blank 02:13 Ambient Fail

0.000Air Blank 02:14

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:1101/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:10

Bay County SO

PRICE,CARLON

03/04/2016

AG406302

Bay County SO

PRICE,CCARLON,E

SIGL

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.077Control Test 02:16

0.000Air Blank 02:17

# 1 0.152Subject Sample 02:17

1.898Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.147Subject Sample 02:20

1.449Breath Volume 02:20

0.000Air Blank 02:21

0.077Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5601/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:41

Bay County SO

WARREN,RYAN

03/04/2016

AG406302

Bay County SO

BLACKMORE,STEPHEN,A

BLACKMORE

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.183Subject Sample 22:13

3.988Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.175Subject Sample 22:16

3.441Breath Volume 22:16

0.000Air Blank 22:17

0.077Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:4701/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:44

Bay County SO

SMITH,ROBIN

03/04/2016

AG406302

Panama City PD

WILLIAMS,DAVID,R

MCTAGGART

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.077Control Test 20:55

0.000Air Blank 20:56

# 1 0.219Subject Sample 20:57

2.195Breath Volume 20:57

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.223Subject Sample 21:00

2.503Breath Volume 21:00

0.000Air Blank 21:00

0.076Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:5901/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:11

05:27

Panama City PD

RECORD,J

03/04/2016

AG406302

Panama City PD

DEYO,RIANNA,S

DEYO

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:31

0.000Air Blank 06:32

0.078Control Test 06:32

0.000Air Blank 06:32

# 1 0.164Subject Sample 06:33

2.679Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:35

# 2 0.168Subject Sample 06:36

1.515Breath Volume 06:36

0.000Air Blank 06:37

0.079Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:4501/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

16:05

Panama City PD

CALASSO,A

03/04/2016

AG406302

Panama City PD

TAYLOR,TRACE,K

TAYLOR

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:08

0.079Control Test 17:08

0.000Air Blank 17:09

# 1 0.000Subject Sample 17:10

1.421Breath Volume 17:10

0.000Air Blank 17:10

0.000Air Blank 17:12

# 2 0.000Subject Sample 17:13

1.632Breath Volume 17:13

0.000Air Blank 17:13

0.079Control Test 17:14

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:5101/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:47

17:47

Bay County SO

SAWYER,OFC

03/04/2016

AG406302

OTHER Local

SHAW,MALIK,S

MEINEL

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.078Control Test 18:43

0.000Air Blank 18:44

# 1Subject Sample 18:47 No Sample Provided

0.199Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2Subject Sample 18:50 Subject Test Refused

0.000Breath Volume 18:50

0.000Air Blank 18:50

0.077Control Test 18:51

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 01/27/2016 10:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:1401/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:39

04:30

FHP Troop A

TAVARES,LUCAS

03/04/2016

AG406302

FHP Troop A

TAVARES,LUCAS,M

TAYLOR

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:00

0.078Control Test 06:00

0.000Air Blank 06:01

# 1 0.204Subject Sample 06:02

1.789Breath Volume 06:02

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.207Subject Sample 06:05

2.488Breath Volume 06:05

0.000Air Blank 06:06

0.078Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 01/27/2016 10:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5901/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:56

Panama City PD

SHAW,KRISTAIN

03/04/2016

AG406302

Panama City PD

HICKS,JARED,D

ANDERSON

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

# 1 0.131Subject Sample 03:51

1.707Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.131Subject Sample 03:54

1.558Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 01/27/2016 10:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1701/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:58

Bay County SO

SHAW,K

03/04/2016

AG406302

Panama City PD

BROSIUS,STANLEY,W

RYAN

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

# 1 0.143Subject Sample 04:42

1.355Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.153Subject Sample 04:45

2.054Breath Volume 04:45

0.000Air Blank 04:46

0.077Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 01/27/2016 10:01

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:0301/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:01

06:01

Bay County SO

BROCK,JORDON

03/04/2016

AG406302

Bay County SO

PRICE,CARLON,E

BENNETT

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:40

0.079Control Test 06:41

0.000Air Blank 06:41

# 1 0.120Subject Sample 06:42

2.628Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.115Subject Sample 06:45

2.457Breath Volume 06:45

0.000Air Blank 06:46

0.077Control Test 06:46

0.000Air Blank 06:46

OKDiagnostics Check 06:47

Data Download Date/Time: 01/27/2016 10:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:3601/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:15

Panama City PD

MAGUADOG,SHAUN

03/04/2016

AG406302

Panama City PD

MAGUADOG,SHAUN,J

FLEMMING

12/29/2015

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:46

0.000Air Blank 22:46

# 1 0.176Subject Sample 22:49 Volume Not Met

0.324Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2Subject Sample 22:55 Subject Test Refused

0.464Breath Volume 22:55

0.000Air Blank 22:55

0.078Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/27/2016 10:18

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:43:5001/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

12:00

Niceville PD

NA,NA

06/01/2016

12014080A1

Niceville PD

CHAVIS,TYLER,A

PRINCE

12/31/2015

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:40

0.000Air Blank 12:41

0.077Control Test 12:41

0.000Air Blank 12:42

# 1Subject Sample 12:43 Sequence Aborted

0.000Breath Volume 12:43

0.000Air Blank 12:43

Data Download Date/Time: 01/30/2016 14:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:49:0801/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:20

12:20

Niceville PD

CHAVIS,TYLER

06/01/2016

12014080A1

Niceville PD

CHAVIS,TYLER,A

PRINCE

12/31/2015

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:46

0.000Air Blank 12:46

0.077Control Test 12:47

0.000Air Blank 12:47

# 1Subject Sample 12:48 Sequence Aborted

0.000Breath Volume 12:48

0.000Air Blank 12:49

Data Download Date/Time: 01/30/2016 14:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:5301/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:31

Niceville PD

SULLIVAN,DANNY

06/01/2016

12014080A1

Niceville PD

REITZ,ERICH,G

PARKER

12/31/2015

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.076Control Test 23:45

0.000Air Blank 23:46

# 1 0.000Subject Sample 23:48

4.375Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.000Subject Sample 23:51

5.609Breath Volume 23:51

0.000Air Blank 23:51

0.076Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 01/30/2016 14:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:3201/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:09

Niceville PD

SULLIVAN,DANNY

06/01/2016

12014080A1

Niceville PD

REITZ,ERICH,G

DRAKE

12/31/2015

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.077Control Test 05:34

0.000Air Blank 05:34

# 1 0.136Subject Sample 05:35

1.511Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.134Subject Sample 05:38

2.097Breath Volume 05:38

0.000Air Blank 05:39

0.076Control Test 05:39

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 01/30/2016 14:29

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:3401/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:54

Niceville PD

PRUETT,SAM

06/01/2016

12014080A1

Eglin AFB PD

PEREIRA,KAITLIN,M

DZIERZBICKI

01/30/2016

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.076Control Test 01:59

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.076Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 02/28/2016 14:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:25:4701/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

09:50

00:00

Walton County SO

NA,NA

10/30/2018

163437

Walton County SO

PATE,CHARLES,S

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:19

0.000Air Blank 10:20

0.082Control Test 10:20

0.000Air Blank 10:21

# 1 0.000Subject Sample 10:21

2.527Breath Volume 10:21

0.000Air Blank 10:22

0.000Air Blank 10:24

# 2 0.000Subject Sample 10:24

2.402Breath Volume 10:24

0.000Air Blank 10:24

0.082Control Test 10:25

0.000Air Blank 10:25

OKDiagnostics Check 10:25

Data Download Date/Time: 01/29/2016 12:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:4701/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

15:50

00:00

Walton County SO

NA,NA

10/30/2018

163437

Walton County SO

POUNCEY,KATHLEEN,R

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.083Control Test 16:22

0.000Air Blank 16:23

# 1 0.000Subject Sample 16:23

2.144Breath Volume 16:23

0.000Air Blank 16:23

0.000Air Blank 16:26

# 2 0.000Subject Sample 16:26

3.484Breath Volume 16:26

0.000Air Blank 16:26

0.081Control Test 16:27

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 01/29/2016 12:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:0401/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:05

FHP Troop A

WARD,BENJAMIN

10/30/2018

163437

FHP Troop A

WARD,BENJAMIN,D

SWEAT

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.083Control Test 23:16

0.000Air Blank 23:17

# 1Subject Sample 23:17 Subject Test Refused

0.000Breath Volume 23:17

0.000Air Blank 23:18

0.082Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:19

Data Download Date/Time: 01/29/2016 12:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:1901/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:01

Walton County SO

WATERS,JAMES

10/30/2018

163437

DeFuniak Springs PD

ELLISON,STEVEN,L

GOMEZ

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.083Control Test 03:48

0.000Air Blank 03:49

# 1 0.235Subject Sample 03:49

2.820Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.239Subject Sample 03:52

2.394Breath Volume 03:52

0.000Air Blank 03:53

0.082Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 01/29/2016 12:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:49:5901/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:23

00:00

Walton County SO

NONE,NONE

10/30/2018

163437

Walton County SO

BIGHAM,AARON,R

MILLER

01/29/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:43

0.000Air Blank 14:44

0.083Control Test 14:44

0.000Air Blank 14:45

# 1 0.000Subject Sample 14:45

4.332Breath Volume 14:45

0.000Air Blank 14:46

0.000Air Blank 14:48

# 2 0.000Subject Sample 14:48

5.214Breath Volume 14:48

0.000Air Blank 14:49

0.082Control Test 14:49

0.000Air Blank 14:49

OKDiagnostics Check 14:49

Data Download Date/Time: 02/27/2016 14:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4701/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:24

Walton County SO

BIERNACKI,CHAD

10/30/2018

163437

Walton County SO

PERIAN,RICK,A

CUNNINGHAM

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

# 1 0.247Subject Sample 02:27

2.597Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.235Subject Sample 02:30

2.097Breath Volume 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:5901/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:27

FHP Troop A

SLICK,LOREN

10/30/2018

163437

FHP Troop A

SLICK,LOREN,D

PHYFER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:4801/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:27

Walton County SO

FUGATE,MITCHELL

10/30/2018

163437

Walton County SO

BIERNACKI,CHAD,A

TURNER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.079Control Test 18:10

0.000Air Blank 18:11

# 1 0.264Subject Sample 18:12

1.226Breath Volume 18:12

0.000Air Blank 18:13

0.000Air Blank 18:14

# 2 0.280Subject Sample 18:15

1.710Breath Volume 18:15

0.000Air Blank 18:15

0.079Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1201/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:05

Walton County SO

PELLITTER,FELICIA

10/30/2018

163437

Walton County SO

PELLITTERI,FELICIA,M

WRIGHT

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

# 1Subject Sample 21:37 No Sample Provided

0.000Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2Subject Sample 21:42 RFI Detect

0.000Breath Volume 21:42

Air Blank 21:42 RFI Detect

Air Blank 21:43 RFI Detect

Data Download Date/Time: 01/29/2016 12:04

11 June 2018

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:4001/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:53

Walton County SO

RAWLES,COREY

10/30/2018

163437

Walton County SO

RAWLES,COREY,M

SANCHEZ-CANDIA

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

# 1 0.251Subject Sample 22:39

2.953Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.248Subject Sample 22:42

3.285Breath Volume 22:42

0.000Air Blank 22:42

0.079Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3201/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:24

Walton County SO

BIERNACKI,CHAD

10/30/2018

163437

Walton County SO

BIERNACKI,CHAD,A

BOYKIN

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.142Subject Sample 01:07

2.617Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.136Subject Sample 01:11

2.625Breath Volume 01:11

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:4501/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:08

Walton County SO

HARTSEL,ERIK

10/30/2018

163437

Walton County SO

HERNANDEZ,JOSE,T

HERNANDEZ

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.080Control Test 23:39

0.000Air Blank 23:39

# 1 0.211Subject Sample 23:40

1.386Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.212Subject Sample 23:43

2.308Breath Volume 23:43

0.000Air Blank 23:43

0.080Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:24:4601/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:54

10:15

Walton County SO

PERIAN,RICK

10/30/2018

163437

Walton County SO

PERIAN,RICK,A

MATHIEU

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:16

0.000Air Blank 11:16

0.080Control Test 11:17

0.000Air Blank 11:17

# 1 0.132Subject Sample 11:19

1.714Breath Volume 11:19

0.000Air Blank 11:19

0.000Air Blank 11:21

# 2 0.122Subject Sample 11:23

1.980Breath Volume 11:23

0.000Air Blank 11:23

0.079Control Test 11:24

0.000Air Blank 11:24

OKDiagnostics Check 11:24

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:4601/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:00

14:00

Walton County SO

NA,PROBATION

10/30/2018

163437

Walton County SO

THILLET,THOMAS,W

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:14

0.000Air Blank 16:15

0.079Control Test 16:15

0.000Air Blank 16:16

# 1Subject Sample 16:16 RFI Detect

1.945Breath Volume 16:16

0.000Air Blank 16:17

0.008Control Test 16:17 RFI Detect

0.000Air Blank 16:17

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:4801/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

14:00

14:00

Walton County SO

PROBATION,PROBATION

10/30/2018

163437

Walton County SO

THILLET,THOMAS,W

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:20

Air Blank 16:20 RFI Detect

Air Blank 16:20 RFI Detect

Data Download Date/Time: 01/29/2016 12:04

11 June 2018

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:4601/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

14:00

Walton County SO

PROBATION,PROBATION

10/30/2018

163437

Walton County SO

THILLET,THOMAS,W

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:24

0.000Air Blank 16:25

0.081Control Test 16:25

0.000Air Blank 16:25

# 1 0.000Subject Sample 16:26

3.039Breath Volume 16:26

0.000Air Blank 16:26

0.000Air Blank 16:28

# 2 0.000Subject Sample 16:29

1.371Breath Volume 16:29

0.000Air Blank 16:29

0.080Control Test 16:30

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:4101/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:19

Walton County SO

MCLEOD,JOEL

10/30/2018

163437

Walton County SO

MCLEOD,JOEL,A

DICUS'

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

# 1Subject Sample 23:21 Subject Test Refused

0.000Breath Volume 23:21

0.000Air Blank 23:21

0.081Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5001/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:27

Walton County SO

PELLITTERI,FELICIA

10/30/2018

163437

Walton County SO

BIERNACKI,CHAD,A

LUKERT

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

# 1Subject Sample 00:06 No Sample Provided

0.000Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2Subject Sample 00:12 No Sample Provided

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:54:3001/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

12:28

12:30

Walton County SO

STEPHENS,JUSTIN

10/30/2018

163437

Walton County SO

MILLER,CURTIS,C

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:48

0.000Air Blank 12:49

0.081Control Test 12:49

0.000Air Blank 12:49

# 1 0.000Subject Sample 12:50

2.031Breath Volume 12:50

0.000Air Blank 12:50

0.000Air Blank 12:52

# 2 0.000Subject Sample 12:53

1.371Breath Volume 12:53

0.000Air Blank 12:53

0.081Control Test 12:53

0.000Air Blank 12:54

OKDiagnostics Check 12:54

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:4901/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

17:15

17:00

Walton County SO

RAWLES,COREY

10/30/2018

163437

Walton County SO

RAWLES,COREY,M

MILLER

12/20/2015

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:36

0.000Air Blank 17:37

0.081Control Test 17:37

0.000Air Blank 17:38

# 1 0.000Subject Sample 17:38

2.437Breath Volume 17:38

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.000Subject Sample 17:41

2.152Breath Volume 17:41

0.000Air Blank 17:41

0.079Control Test 17:42

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 01/29/2016 12:04

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001313CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1601/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:39

Panama City PD

ALDERMAN,JOSEPH

04/03/2016

1482986

Panama City PD

BLAND,CURTIS,L

DAVIS

12/14/2015

8100.27

SPRINGFIELD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:24

# 1 0.000Subject Sample 21:24

1.695Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.000Subject Sample 21:27

1.250Breath Volume 21:27

0.000Air Blank 21:28

0.078Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 01/31/2016 23:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001313CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0201/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:50

Springfield PD

GADHIA,D

04/03/2016

1482986

Panama City PD

REXFORD,MICHAEL,W

LEWIS JR

12/14/2015

8100.27

SPRINGFIELD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.172Subject Sample 01:23

2.003Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.156Subject Sample 01:26

1.531Breath Volume 01:26

0.000Air Blank 01:27

0.075Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 01/31/2016 23:57

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4901/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:47

Okeechobee County SO

POTTER,ROBERT

05/21/2017

1686121

Okeechobee County SO

MAJERE,ARIC,

SLONE

12/03/2015

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1 0.188Subject Sample 00:37

2.613Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/11/2016 07:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5701/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

11:18

FHP Troop L

GUERRERO,OMMAR

05/21/2017

1686121

FHP Troop L

HERNANDEZ,MAURICIO,

HERNANDEZ

12/03/2015

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

# 1 0.226Subject Sample 00:54

1.269Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.229Subject Sample 00:58

3.148Breath Volume 00:58

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 01/11/2016 07:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4801/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:47

Okeechobee County SO

POLLOCK,STEVEN

05/21/2017

1686121

Okeechobee County SO

GRUMBLING,MATHEW,L

DEFRIEST

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 01/11/2016 07:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:20:4701/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:50

13:50

Okeechobee County SO

VARNADORE,RICHARD

05/21/2017

1686121

Okeechobee County SO

BULANDA,FREDERICK,J

JOHNSON

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:14

0.000Air Blank 14:15

0.079Control Test 14:15

0.000Air Blank 14:16

# 1 0.000Subject Sample 14:16

1.871Breath Volume 14:16

0.000Air Blank 14:17

0.000Air Blank 14:19

# 2 0.000Subject Sample 14:19

2.179Breath Volume 14:19

0.000Air Blank 14:19

0.079Control Test 14:20

0.000Air Blank 14:20

OKDiagnostics Check 14:20

Data Download Date/Time: 01/11/2016 07:38

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:1301/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:45

Okeechobee County SO

POTTER,ROBERT

05/21/2017

1686121

Okeechobee County SO

AMMONS,RYANE,J

FRANKLIN

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:36

Air Blank 18:36 RFI Detect

0.000Air Blank 18:37

Data Download Date/Time: 02/12/2016 08:48

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:5201/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

17:45

Okeechobee County SO

POTTER,ROBERT

05/21/2017

1686121

Okeechobee County SO

AMMONS,RYANE,J

FRANKLIN

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:42

0.080Control Test 18:43

0.000Air Blank 18:43

# 1Subject Sample 18:44 Subject Test Refused

0.000Breath Volume 18:44

0.000Air Blank 18:44

0.080Control Test 18:45

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 02/12/2016 08:48

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:1401/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

18:01

Okeechobee County SO

POLLOCK,STEVEN

05/21/2017

1686121

Okeechobee County SO

POLLOCK,STEVEN,D

PRAVLIK

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.080Control Test 18:48

0.000Air Blank 18:48

# 1Subject Sample 18:48 Subject Test Refused

0.000Breath Volume 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 02/12/2016 08:48

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:3501/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

18:01

Okeechobee County SO

POLLOCK,STEVEN

05/21/2017

1686121

Okeechobee County SO

POLLOCK,STEVEN,D

PRAVLIK

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.079Control Test 18:54

0.000Air Blank 18:54

# 1Subject Sample 18:55 Subject Test Refused

0.000Breath Volume 18:55

0.000Air Blank 18:55

0.079Control Test 18:55

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 02/12/2016 08:48

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3901/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:42

Okeechobee County SO

DELUCA,J

05/21/2017

1686121

Okeechobee County SO

GRUMBLING,MATHEW,L

BOATNER

01/08/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/12/2016 08:48

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001322CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5201/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:20

Okeechobee PD

HOLROYD,RYAN

05/01/2016

09014080A1

Okeechobee PD

GREEN,CHARLES,D

NORMAN

12/31/2015

8100.27

OKEECHOBEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.078Control Test 05:11

0.000Air Blank 05:11

# 1 0.146Subject Sample 05:12

1.750Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.149Subject Sample 05:17

2.488Breath Volume 05:17

0.000Air Blank 05:17

0.078Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 01/29/2016 12:32

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:3101/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:11

Port St. Lucie PD

AUBERT,MATHEW

10/05/2017

24515080A3

Port St. Lucie PD

LEWIS,JEREMY,A

JOHNSON

12/22/2015

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

# 1 0.123Subject Sample 03:54

2.234Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.123Subject Sample 03:57

1.367Breath Volume 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/28/2016 19:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5601/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:31

Port St. Lucie PD

YEBBA,RICKY

10/05/2017

24515080A3

Port St. Lucie PD

LEWIS,JEREMY,A

DAVIS

12/22/2015

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

# 1 0.150Subject Sample 03:38

3.171Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.145Subject Sample 03:41

3.191Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 01/28/2016 19:00

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:27:5701/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:05

08:14

Port St. Lucie PD

RUEDE,KAYLA

10/05/2017

24515080A3

Port St. Lucie PD

RUEDE,KAYLA,M

HART

01/28/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:25

0.000Air Blank 09:25

0.079Control Test 09:25

0.000Air Blank 09:26

# 1Subject Sample 09:26 Subject Test Refused

0.000Breath Volume 09:26

0.000Air Blank 09:27

0.079Control Test 09:27

0.000Air Blank 09:27

OKDiagnostics Check 09:27

Data Download Date/Time: 02/29/2016 14:03

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4001/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:38

Indian River Co SO

HARRIS,CHRISTOPHER

06/22/2017

1698962

Indian River Co SO

YORK,JIMMY,A

CLOWERS

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:05

# 1 0.195Subject Sample 01:06

1.371Breath Volume 01:06

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.196Subject Sample 01:09

1.437Breath Volume 01:09

0.000Air Blank 01:09

0.081Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:5201/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:48

Indian River Co SO

VOEGTLIN,CYATHIA

06/22/2017

1698962

Indian River Co SO

PIGGOTT,MYRON,J

REINHART

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.081Control Test 19:44

0.000Air Blank 19:45

# 1 0.234Subject Sample 19:46

1.539Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.232Subject Sample 19:49

1.210Breath Volume 19:49

0.000Air Blank 19:49

0.081Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0101/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:27

Vero Beach PD

EGGERS,RYAN

06/22/2017

1698962

Vero Beach PD

EGGERS,RYAN,K

SMITH

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

# 1 0.219Subject Sample 02:49

1.835Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.207Subject Sample 02:53

1.328Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:55

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1301/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:52

Vero Beach PD

MYERS,CASEY

06/22/2017

1698962

Vero Beach PD

MYERS,CASEY,A

HOBRATSCHK

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

# 1 0.230Subject Sample 01:31

2.476Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.228Subject Sample 01:34

1.691Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1201/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:08

Vero Beach PD

LOHMAN,JENNIFER

06/22/2017

1698962

Vero Beach PD

LOHMAN,JENNIFER,L

CHILBERG

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4301/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:42

Vero Beach PD

GINSBURG,DOUGLAS

06/22/2017

1698962

Vero Beach PD

GINSBURG,DOUGLAS,J

JOHNSTON

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1 0.177Subject Sample 03:29

2.242Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.165Subject Sample 03:32

1.593Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0601/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:05

Indian River Co SO

JAWORSKI,K

06/22/2017

1698962

Indian River Co SO

ROSADO,L,M

BEDOLLA

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:58

0.081Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/13/2016 05:11

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:2501/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:01

Indian River Co SO

BEAUMONT,C

06/22/2017

1698962

Indian River Shores

STOVALL,C,J

O SULLIVAN

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.081Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:16

0.081Control Test 17:16

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 02/13/2016 05:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4601/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:18

Vero Beach PD

LOHMAN,JENNIFER

06/22/2017

1698962

Vero Beach PD

LOHMAN,JENNIFER,L

SANCHEZ

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:06 No Sample Provided

0.000Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2Subject Sample 03:11 Subject Test Refused

0.000Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/13/2016 05:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3701/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:27

Indian River Co SO

GILLETTE,J

06/22/2017

1698962

Sebastian PD

ROSADO,L,M

WISNIEWSKI

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

# 1Subject Sample 03:43 RFI Detect

0.000Breath Volume 03:43

Air Blank 03:43 RFI Detect

0.000Air Blank 03:43

Data Download Date/Time: 02/13/2016 05:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5001/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:27

Indian River Co SO

GILLETTE,J

06/22/2017

1698962

Sebastian PD

ROSADO,L,M

WISNIEWSKI

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.081Control Test 03:46

0.000Air Blank 03:46

# 1 0.177Subject Sample 03:47

1.980Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.180Subject Sample 03:50

2.519Breath Volume 03:50

0.000Air Blank 03:50

0.081Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 02/13/2016 05:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:4401/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:55

Vero Beach PD

LOHMAN,JENNIFER

06/22/2017

1698962

Vero Beach PD

LOHMAN,JENNIFER,L

GOLDSBY

01/15/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:39

# 1 0.173Subject Sample 03:41

1.515Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.148Subject Sample 03:47 Volume Not Met

0.363Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3 0.167Subject Sample 03:50

1.308Breath Volume 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 02/13/2016 05:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:07

Indian River Co SO

BUFFINGTON,BEN

03/09/2018

1824329

Indian River Co SO

YORK,JIMMY,A

WALTHER

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1 0.191Subject Sample 02:40

1.523Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.203Subject Sample 02:43

1.292Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:14

Indian River Co SO

LOZADA,JONATHAN

03/09/2018

1824329

Indian River Co SO

YORK,JIMMY,A

MURRUGARRA

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:2301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:14

Indian River Co SO

LOZADA,JONATHAN

03/09/2018

1824329

Indian River Co SO

YORK,JIMMY,A

MURRUGARRA

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:24

# 1Subject Sample 03:25 Subject Test Refused

0.812Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:02

Indian River Co SO

JOERGER,S

03/09/2018

1824329

Vero Beach PD

STOVALL,C,J

GLASS

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:29

2.242Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.000Subject Sample 21:32

2.449Breath Volume 21:32

0.000Air Blank 21:32

0.080Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3301/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

16:27

FHP Troop L

HUCKABEE,NICK

03/09/2018

1824329

FHP Troop L

RAMOS,RICHARD,S

CAPUTO

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

Air Blank 20:39 RFI Detect

0.000Air Blank 20:39

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:1701/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

16:27

FHP Troop L

HUCKABEE,NICK

03/09/2018

1824329

FHP Troop L

RAMOS,RICHARD,S

CAPUTO

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:43

# 1 0.093Subject Sample 20:43

2.449Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.092Subject Sample 20:46

2.835Breath Volume 20:46

0.000Air Blank 20:47

0.081Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:0401/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:25

Indian River Co SO

FLORES,D

03/09/2018

1824329

Indian River Co SO

WOLSKI,J,R

COLLIER

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.081Control Test 22:10

0.000Air Blank 22:10

# 1 0.145Subject Sample 22:13 Volume Not Met

0.550Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.164Subject Sample 22:19 Volume Not Met

0.175Breath Volume 22:19

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:21

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:3801/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:25

Indian River Co SO

FLORES,D

03/09/2018

1824329

Indian River Co SO

STOVALL,C,J

COLLIER

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

# 1Subject Sample 22:27 Subject Test Refused

0.238Breath Volume 22:27

0.000Air Blank 22:27

0.080Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:3601/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:25

Indian River Co SO

FLORES,D

03/09/2018

1824329

Indian River Co SO

STOVALL,C,J

COLLIER

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:46

0.000Air Blank 22:46

# 1 0.161Subject Sample 22:49 Volume Not Met

0.191Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.155Subject Sample 22:54

1.515Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 3 0.163Subject Sample 22:59

1.152Breath Volume 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4501/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:19

Indian River Co SO

RUIZ,M

03/09/2018

1824329

Indian River Co SO

STOVALL,C,J

PHILYAW

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.081Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0301/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:15

Indian River Co SO

FLORES,DAVID

03/09/2018

1824329

Indian River Co SO

KANTORSKI,MARK,A

ESTES

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

# 1 0.221Subject Sample 04:46

2.273Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

04:49 RFI Detect

Air Blank 04:49 RFI Detect

0.000Air Blank 04:50

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3601/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:15

Indian River Co SO

FLORES,DAVID

03/09/2018

1824329

Indian River Co SO

KANTORSKI,MARK,A

ESTES

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.081Control Test 04:52

0.000Air Blank 04:52

# 1 0.221Subject Sample 04:53

1.281Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.213Subject Sample 04:56

2.160Breath Volume 04:56

0.000Air Blank 04:56

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0001/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:45

Indian River Co SO

JAWORSKI,KEVIN

03/09/2018

1824329

Indian River Co SO

GILBERT,TRESA,M

SCHNEIDER

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.081Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:37

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4101/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:17

Vero Beach PD

EGGERS,RYAN

03/09/2018

1824329

Vero Beach PD

EGGERS,RYAN,K

LANAHAN

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:3901/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

14:02

Indian River Co SO

BARKWELL,J

03/09/2018

1824329

Indian River Co SO

GIST,SHARON,D

CRUZ

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:28

0.000Air Blank 15:29

0.081Control Test 15:29

0.000Air Blank 15:30

# 1Subject Sample 15:30 Subject Test Refused

0.000Breath Volume 15:30

0.000Air Blank 15:30

0.080Control Test 15:31

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4801/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:40

Indian River Co SO

WALLACE,KYLE

03/09/2018

1824329

FHP Troop L

TANKERSLEY,PAMELA,R

WASHBURN

12/28/2015

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.199Subject Sample 04:27

3.464Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.196Subject Sample 04:30

3.425Breath Volume 04:30

0.000Air Blank 04:30

0.081Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 01/15/2016 05:27

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:51:2501/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:08

10:45

DeSoto County SO

KORPOLINSKI,MICHAEL

05/01/2016

07014080A2

DeSoto County SO

DITTMAN,LAVERNE,T

JUAREZ

12/31/2015

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:39

0.000Air Blank 11:40

0.081Control Test 11:40

0.000Air Blank 11:41

# 1 0.140Subject Sample 11:44 Volume Not Met

0.378Breath Volume 11:44

0.000Air Blank 11:44

0.000Air Blank 11:46

# 2 0.137Subject Sample 11:49 Volume Not Met

0.214Breath Volume 11:49

0.000Air Blank 11:50

0.078Control Test 11:50

0.000Air Blank 11:51

OKDiagnostics Check 11:51

Data Download Date/Time: 02/01/2016 15:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1301/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:16

DeSoto County SO

CONLIN,EVAN

05/01/2016

07014080A2

DeSoto County SO

BYER,ALLYN,C

MOYE

12/31/2015

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.259Subject Sample 21:51

1.609Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.265Subject Sample 21:55

2.121Breath Volume 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 02/01/2016 15:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3201/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:43

DeSoto County SO

BOVEY,TAYLOR

05/01/2016

07014080A2

DeSoto County SO

BYER,ALLYN,C

CONNELL

12/31/2015

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.170Subject Sample 23:40

1.785Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.166Subject Sample 23:43

1.738Breath Volume 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 02/01/2016 15:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:27

DeSoto County SO

SANTOS,JOEY

05/01/2016

07014080A2

DeSoto County SO

CARROLL,STEVEN,C

ZAMORA

12/31/2015

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

# 1 0.216Subject Sample 01:09

1.832Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.191Subject Sample 01:13

1.292Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 3Subject Sample 01:18 Subject Test Refused

0.054Breath Volume 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/01/2016 15:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:3301/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:53

DeSoto County SO

BRELSFORD,BRANDON

05/01/2016

07014080A2

FHP Troop F

PITTS,JOSHUA,E

ANDERSON

12/31/2015

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:34

0.080Control Test 06:34

0.000Air Blank 06:34

# 1Subject Sample 06:35 Subject Test Refused

0.000Breath Volume 06:35

0.000Air Blank 06:35

0.081Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 02/01/2016 15:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3901/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:39

Eustis PD

STOWELL,MARK

01/08/2018

1787697

Eustis PD

BREEDLOVE,JEFF,D

BOSTON

12/18/2015

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 01/18/2016 22:37

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:3301/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:36

Eustis PD

CORTES,VICTOR

01/08/2018

1787697

Eustis PD

HOWELL,SHAWNA,M

SMITH

01/18/2016

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

# 1Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

Air Blank 21:56 RFI Detect

0.000Air Blank 21:56

Data Download Date/Time: 02/24/2016 14:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2001/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

01:10

Sarasota County SO

ADAMS,JIMMY

11/05/2016

28814080A3

Sarasota County SO

ADAMS,JIMMY,J

COOK

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

# 1 0.239Subject Sample 01:26

2.570Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.248Subject Sample 01:29

3.082Breath Volume 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/27/2016 10:22

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2201/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:08

Sarasota County SO

PULLARA,A

09/05/2017

19615080A2

Sarasota PD

TUCK,DEPUTY,B

DUVALL

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:10

# 1 0.196Subject Sample 03:11

1.789Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.207Subject Sample 03:14

3.246Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 01/27/2016 09:09

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5401/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:49

Sarasota County SO

MARKEY,OFFICER

09/05/2017

19615080A2

Sarasota PD

RODRIGUEZ,DANIEL,

FROSCHAUER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

# 1 0.088Subject Sample 03:50

1.921Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.087Subject Sample 03:53

1.542Breath Volume 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 01/27/2016 09:09

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:2901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:17

Sarasota County SO

TANCIBOX,OFFICER

09/05/2017

19615080A2

Sarasota PD

RODRIGUEZ,DANIEL,

RAMON

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.079Control Test 04:37

0.000Air Blank 04:37

# 1 0.152Subject Sample 04:40

1.191Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.149Subject Sample 04:43

1.457Breath Volume 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:4501/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:26

Sarasota County SO

BELL,DEPUTY

09/05/2017

19615080A2

Sarasota County SO

RODRIGUEZ,DANIEL,

BALKAM

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

# 1 0.143Subject Sample 05:22

3.300Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.146Subject Sample 05:25

2.757Breath Volume 05:25

0.000Air Blank 05:25

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:5301/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

23:33

FHP Troop F

WEAVER,RICHARD

09/05/2017

19615080A2

FHP Troop F

WEAVER,RICHARD,A

SYLVESTER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:19

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:4301/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:01

13:38

Sarasota County SO

STROUD,OFFICER

09/05/2017

19615080A2

Sarasota PD

MOREIRA,DEPUTY,

WASHBURN

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:27

0.000Air Blank 14:27

0.080Control Test 14:28

0.000Air Blank 14:28

# 1 0.000Subject Sample 14:31

1.640Breath Volume 14:31

0.000Air Blank 14:31

0.000Air Blank 14:33

# 2 0.000Subject Sample 14:34

1.625Breath Volume 14:34

0.000Air Blank 14:34

0.079Control Test 14:35

0.000Air Blank 14:35

OKDiagnostics Check 14:35

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:3501/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:20

Sarasota County SO

FLINT,SERGEANT

09/05/2017

19615080A2

Sarasota County SO

FLINT,SERGEANT,C

SZENDI

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

# 1 0.150Subject Sample 05:08

1.226Breath Volume 05:08

0.000Air Blank 05:09

0.000Air Blank 05:10

# 2 0.183Subject Sample 05:11

3.519Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 3 0.169Subject Sample 05:15

2.093Breath Volume 05:15

0.000Air Blank 05:15

0.080Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:51:1101/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:17

12:29

Sarasota County SO

JONES,DEPUTY

09/05/2017

19615080A2

Sarasota County SO

GELLER,DEBORAH,A

SOYFERMAN

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:45

0.000Air Blank 13:45

0.080Control Test 13:46

0.000Air Blank 13:46

# 1 0.000Subject Sample 13:47

1.828Breath Volume 13:47

0.000Air Blank 13:47

0.000Air Blank 13:49

# 2 0.000Subject Sample 13:49

1.308Breath Volume 13:49

0.000Air Blank 13:50

0.080Control Test 13:50

0.000Air Blank 13:51

OKDiagnostics Check 13:51

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4201/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:09

Sarasota County SO

BELL,D

09/05/2017

19615080A2

Sarasota County SO

MITCHELL,NICKKI,N

SHAWVER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.161Subject Sample 03:49

1.156Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:51

# 2 0.132Subject Sample 03:55 Volume Not Met

0.667Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 3 0.169Subject Sample 03:58

1.109Breath Volume 03:58

0.000Air Blank 03:58

0.079Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0201/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

11:16

FHP Troop F

LUH,GRACE

09/05/2017

19615080A2

FHP Troop F

WALLACE,JENNIFER,L

PEREZ MORALES

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:04

# 1 0.122Subject Sample 00:05

1.570Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.138Subject Sample 00:08

3.496Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:2101/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

16:08

Sarasota County SO

ACHILLE,DEPUTY

09/05/2017

19615080A2

Sarasota County SO

WHITE,DEPUTY,

LOFFER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:48

0.000Air Blank 16:49

0.081Control Test 16:49

0.000Air Blank 16:50

# 1 0.191Subject Sample 16:50

1.433Breath Volume 16:50

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.197Subject Sample 16:53

1.269Breath Volume 16:53

0.000Air Blank 16:54

0.080Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0301/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:45

Sarasota County SO

ADAMS,J

09/05/2017

19615080A2

Sarasota County SO

PUFAHL,G,

PETIT HOMME

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.080Control Test 01:27

0.000Air Blank 01:27

# 1 0.145Subject Sample 01:29

2.093Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.156Subject Sample 01:32

2.101Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3201/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

23:39

North Port PD

NICK,A

09/05/2017

19615080A2

North Port PD

NICK,A,

HUGHES

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.000Subject Sample 02:38

1.449Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.000Subject Sample 02:41

1.531Breath Volume 02:41

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:1801/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

15:44

Sarasota County SO

WHITE,OFFICER

09/05/2017

19615080A2

Venice PD

WHITE,DEPUTY,

GERACE

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:54

0.077Control Test 16:54

0.000Air Blank 16:55

# 1 0.262Subject Sample 16:55

2.085Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:58

# 2 0.254Subject Sample 16:58

1.789Breath Volume 16:58

0.000Air Blank 16:59

0.079Control Test 16:59

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3001/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

23:44

Sarasota County SO

DECKER,JONATHAN

09/05/2017

19615080A2

North Port PD

NAMORS,JASON,R

HOJNIK

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.079Control Test 04:08

0.000Air Blank 04:08

# 1 0.123Subject Sample 04:09

1.656Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.111Subject Sample 04:12

1.671Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:0901/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

21:20

FHP Troop F

GREISHEIMER,JOHN

09/05/2017

19615080A2

FHP Troop F

GREISHEIMER,JOHN,V

BRANDT

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:48

# 1 0.108Subject Sample 23:49

2.523Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.109Subject Sample 23:53

1.238Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:0801/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

09:20

FHP Troop F

RIVERA,JAVIER

09/05/2017

19615080A2

FHP Troop F

RIVERA,JAVIER,A

MILLER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

# 1 0.279Subject Sample 00:14 Volume Not Met

0.074Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.280Subject Sample 00:17

1.214Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 3 0.264Subject Sample 00:21

1.164Breath Volume 00:21

0.000Air Blank 00:22

0.078Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:3901/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:23

Sarasota County SO

YOCK,G

09/05/2017

19615080A2

Sarasota County SO

FLYNN,MICHAEL,T

YANIERO

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1 0.108Subject Sample 02:21

1.476Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.101Subject Sample 02:25

2.210Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:5201/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:30

FHP Troop F

VANARSDALE,JEFF

09/05/2017

19615080A2

FHP Troop F

FLOW,JOSHUA,M

PAINE

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2701/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

01:47

Sarasota County SO

FOWLER,TYLER

09/05/2017

19615080A2

Sarasota County SO

FOWLER,TYLER,J

NEFF

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.079Subject Sample 03:21

2.371Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.083Subject Sample 03:24

3.113Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:0701/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:19

10:01

Sarasota County SO

HEYMAN,DEPUTY

09/05/2017

19615080A2

Sarasota County SO

MAY,JOHN,T

COOPER

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:39

0.000Air Blank 10:39

0.080Control Test 10:40

0.000Air Blank 10:40

# 1 0.213Subject Sample 10:41

4.886Breath Volume 10:41

0.000Air Blank 10:42

0.000Air Blank 10:43

# 2 0.184Subject Sample 10:44

1.710Breath Volume 10:44

0.000Air Blank 10:44

0.000Air Blank 10:46

# 3 0.222Subject Sample 10:47

5.183Breath Volume 10:47

0.000Air Blank 10:48

0.080Control Test 10:48

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5601/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:43

FHP Troop F

WEAVER,RICHARD

09/05/2017

19615080A2

FHP Troop F

WEAVER,RICHARD,A

DAN

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:5501/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

22:12

Sarasota County SO

VERMILLION,B

09/05/2017

19615080A2

Sarasota PD

FLYNN,MICHAEL,T

OLDJA

12/28/2015

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.080Control Test 22:51

0.000Air Blank 22:51

# 1 0.208Subject Sample 22:52

2.925Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.202Subject Sample 22:55

2.015Breath Volume 22:55

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/27/2016 09:10

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:59:0701/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:25

10:00

Sarasota County SO

SCWECK,OFC

09/05/2017

19615080A2

Sarasota PD

SCHAETZER,DEP,

LEVITCH

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:51

0.000Air Blank 11:51

0.079Control Test 11:51

0.000Air Blank 11:52

# 1 0.154Subject Sample 11:53

1.644Breath Volume 11:53

0.000Air Blank 11:54

0.000Air Blank 11:56

# 2 0.138Subject Sample 11:57

1.421Breath Volume 11:57

0.000Air Blank 11:58

0.079Control Test 11:58

0.000Air Blank 11:59

OKDiagnostics Check 11:59

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:3001/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:20

FHP Troop F

GREISHEIMER,JOHN

09/05/2017

19615080A2

FHP Troop F

GREISHEIMER,JOHN,V

DOJUTREK

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.080Control Test 22:47

0.000Air Blank 22:47

# 1 0.138Subject Sample 22:48

2.949Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.142Subject Sample 22:51

3.007Breath Volume 22:51

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4601/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:15

Sarasota County SO

HERNANDEZ,V

09/05/2017

19615080A2

Sarasota PD

NAMORS,JASON,R

RAY

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:49

# 1 0.226Subject Sample 03:51

1.183Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.233Subject Sample 03:54

3.367Breath Volume 03:54

0.000Air Blank 03:54

0.078Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1201/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:39

Sarasota County SO

DECKER,JONATHAN

09/05/2017

19615080A2

North Port PD

NAMORS,JASON,R

RODRIGUEZ

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.181Subject Sample 00:28

3.246Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.174Subject Sample 00:31

3.285Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0801/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:39

Sarasota County SO

NELSON,H

09/05/2017

19615080A2

North Port PD

NAMORS,JASON,R

DISANTI

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:40

# 1 0.132Subject Sample 00:43 Volume Not Met

0.191Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.143Subject Sample 00:49 Volume Not Met

0.062Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3501/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:39

Sarasota County SO

NELSON,H

09/05/2017

19615080A2

North Port PD

NAMORS,JASON,R

DISANTI

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

# 1 0.131Subject Sample 00:58 Volume Not Met

0.050Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.138Subject Sample 01:04 Volume Not Met

0.523Breath Volume 01:04

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3701/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:39

Sarasota County SO

NELSON,H

09/05/2017

19615080A2

North Port PD

NAMORS,JASON,R

DISANTI

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.140Subject Sample 01:13

2.058Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.118Subject Sample 01:18 Volume Not Met

0.148Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 3 0.129Subject Sample 01:24

1.511Breath Volume 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5001/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:08

Sarasota County SO

GURNEY,J

09/05/2017

19615080A2

Sarasota County SO

NAMORS,JASON,R

WILLIAMS

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:35

# 1 0.201Subject Sample 01:37

1.871Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.191Subject Sample 01:41

1.269Breath Volume 01:41

0.000Air Blank 01:41

0.079Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:1301/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:53

Sarasota County SO

FRANKS,SIMON

09/05/2017

19615080A2

Sarasota County SO

FRANKS,SIMON,A

POZOS

01/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:56

# 1 0.207Subject Sample 01:58

2.125Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.204Subject Sample 02:02

1.410Breath Volume 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 02/23/2016 07:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5601/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:24

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

CHESTNUT

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.077Control Test 02:05

0.000Air Blank 02:06

# 1 0.193Subject Sample 02:07

2.175Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.181Subject Sample 02:10

1.585Breath Volume 02:10

0.000Air Blank 02:11

0.077Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:5801/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:44

Gainesville PD

JONES,THEODORE

03/05/2017

05115080A5

Gainesville PD

JONES,THEODORE,D

GUBERNAT

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.077Control Test 05:16

0.000Air Blank 05:17

# 1 0.221Subject Sample 05:17

1.933Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.207Subject Sample 05:20

1.597Breath Volume 05:20

0.000Air Blank 05:21

0.077Control Test 05:21

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0701/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:03

Gainesville PD

BRINSKO,THOMAS

03/05/2017

05115080A5

Gainesville PD

JONES,THEODORE,D

PEELER

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.078Control Test 00:52

0.000Air Blank 00:53

# 1Subject Sample 00:56 No Sample Provided

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:02

0.077Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:57:2601/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:17

Gainesville PD

MUNN,FRITZ

03/05/2017

05115080A5

Gainesville PD

HORNE,HEATHER,L

HORNE

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:56

0.000Air Blank 13:56

13:56 RFI Detect

0.000Air Blank 13:57

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:0701/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:17

Gainesville PD

MUNN,FRITZ

03/05/2017

05115080A5

Gainesville PD

HORNE,HEATHER,L

HORNE

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:01

0.000Air Blank 14:02

0.079Control Test 14:02

0.000Air Blank 14:03

# 1 0.383Subject Sample 14:03

2.371Breath Volume 14:03

0.000Air Blank 14:04

0.000Air Blank 14:06

# 2 0.379Subject Sample 14:06

2.375Breath Volume 14:06

0.000Air Blank 14:07

0.077Control Test 14:07

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2201/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:39

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

RIVERA

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2Subject Sample 03:28 Subject Test Refused

0.000Breath Volume 03:28

0.000Air Blank 03:28

0.077Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4201/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:54

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

HOPWOOD

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.077Control Test 01:38

0.000Air Blank 01:39

# 1Subject Sample 01:42 No Sample Provided

0.000Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.077Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5601/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:07

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

WARKENTIN

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.077Control Test 00:47

0.000Air Blank 00:47

# 1 0.171Subject Sample 00:48

2.449Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.169Subject Sample 00:51

3.003Breath Volume 00:51

0.000Air Blank 00:52

0.077Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:5801/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:19

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

KENNEY

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.077Control Test 23:55

0.000Air Blank 23:56

# 1 0.157Subject Sample 23:56

2.582Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.160Subject Sample 23:59

2.859Breath Volume 23:59

0.000Air Blank 00:00

0.078Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:1201/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:22

Gainesville PD

SIMMONS,NAKEEMA

03/05/2017

05115080A5

Gainesville PD

BOSTICK,MEGAN',K

AUSTIN

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:05 No Sample Provided

0.000Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2Subject Sample 02:10 No Sample Provided

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1701/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:20

Gainesville PD

LORMIL,FARRAH

03/05/2017

05115080A5

Gainesville PD

JONES,THEODORE,D

COLLINS

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.075Control Test 03:03

0.000Air Blank 03:04

# 1 0.178Subject Sample 03:04

2.847Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.184Subject Sample 03:07

3.308Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:31:2301/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

09:55

Gainesville PD

BRICE,DAVID

03/05/2017

05115080A5

Gainesville PD

COLLINS,MARVIN,D

WILSON

12/16/2015

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:22

0.000Air Blank 10:23

0.078Control Test 10:23

0.000Air Blank 10:23

# 1 0.000Subject Sample 10:26

1.613Breath Volume 10:26

0.000Air Blank 10:27

0.000Air Blank 10:29

# 2 0.000Subject Sample 10:30

2.796Breath Volume 10:30

0.000Air Blank 10:30

0.078Control Test 10:30

0.000Air Blank 10:31

OKDiagnostics Check 10:31

Data Download Date/Time: 01/19/2016 21:20

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3001/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:48

Gainesville PD

STEMEN,AARON

03/05/2017

05115080A5

Gainesville PD

STEMEN,AARON,M

ROBINSON

01/19/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.000Subject Sample 01:26

1.781Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.000Subject Sample 01:29

2.066Breath Volume 01:29

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/13/2016 20:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:44:1101/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:59

12:55

FHP Troop B

MOORE,JACOB

09/09/2016

AG425202

FHP Troop B

MOORE,JACOB,A

CRONGEYER

12/15/2015

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:35

0.000Air Blank 13:36

0.080Control Test 13:36

0.000Air Blank 13:37

# 1 0.109Subject Sample 13:37

2.687Breath Volume 13:37

0.000Air Blank 13:38

0.000Air Blank 13:40

# 2 0.103Subject Sample 13:42

2.828Breath Volume 13:42

0.000Air Blank 13:43

0.080Control Test 13:43

0.000Air Blank 13:44

OKDiagnostics Check 13:44

Data Download Date/Time: 01/18/2016 08:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:3401/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:29

Levy County SO

GEOFFROY,MATTHEW

09/09/2016

AG425202

FHP Troop B

BARRON,DAVID,P

LEWIS

12/15/2015

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1 0.234Subject Sample 21:46

1.578Breath Volume 21:46

0.000Air Blank 21:47

0.000Air Blank 21:48

# 2 0.237Subject Sample 21:49

1.660Breath Volume 21:49

0.000Air Blank 21:50

0.076Control Test 21:50

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 01/18/2016 08:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:5601/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:40

Levy County SO

KINIK,KEVIN

09/09/2016

AG425202

Levy County SO

BARRON,DAVID,P

BARNES

12/15/2015

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

# 1 0.170Subject Sample 20:19

1.234Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:21

# 2 0.173Subject Sample 20:22

1.308Breath Volume 20:22

0.000Air Blank 20:22

0.078Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 01/18/2016 08:55

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0701/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:21

Pinellas County SO

GALATI,VINCENZO

01/06/2016

AG400604

Pinellas County SO

STANFORD,STEPHEN,R

STANFORD

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

# 1 0.000Subject Sample 02:14

2.398Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.000Subject Sample 02:17

1.417Breath Volume 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4101/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:06

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

ONCU

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.078Control Test 01:50

0.000Air Blank 01:50

# 1 0.161Subject Sample 01:51

2.390Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.164Subject Sample 01:54

2.679Breath Volume 01:54

0.000Air Blank 01:54

0.077Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4301/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:43

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

MATHAS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

# 2 0.206Subject Sample 23:57 Volume Not Met

0.718Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 23:59

# 1 0.215Subject Sample 00:03 Volume Not Met

0.921Breath Volume 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:5201/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:43

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

MATHAS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.077Control Test 00:08

0.000Air Blank 00:08

# 1Subject Sample 00:11 No Sample Provided

0.000Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.256Subject Sample 00:17 Volume Not Met

0.058Breath Volume 00:17

0.000Air Blank 00:17

0.077Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1901/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:23

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

RACEL

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.078Control Test 05:06

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:07

0.078Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:0601/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:17

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

DAVIS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

# 1 0.217Subject Sample 04:06

1.847Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.212Subject Sample 04:09

1.507Breath Volume 04:09

0.000Air Blank 04:10

0.074Control Test 04:10 Control Outside Tolerance

0.000Air Blank 04:11

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2601/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:17

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

DAVIS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.077Control Test 04:14

0.000Air Blank 04:14

# 1 0.222Subject Sample 04:14

1.476Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.213Subject Sample 04:17

1.597Breath Volume 04:17

0.000Air Blank 04:18

0.078Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:4601/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:54

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

HOPKINS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.076Control Test 03:39

0.000Air Blank 03:40

# 1 0.258Subject Sample 03:41

1.242Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.238Subject Sample 03:44

1.601Breath Volume 03:44

0.000Air Blank 03:44

0.078Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5401/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:46

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

WILCOX JR

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

# 1 0.000Subject Sample 00:58

2.445Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.000Subject Sample 01:01

1.320Breath Volume 01:01

0.000Air Blank 01:01

0.078Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:1401/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:25

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

SOUTH

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:13

0.078Control Test 21:13

0.000Air Blank 21:14

# 1 0.190Subject Sample 21:14

1.269Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.185Subject Sample 21:17

1.601Breath Volume 21:17

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4501/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:07

Pinellas County SO

LAMBORGHINI,PETER

02/27/2017

AG505803

Pinellas County SO

LAMBORGHINI,PETER,J

CAREY

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.078Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:4901/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:20

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

02/27/2017

AG505803

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

WEBB

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.078Control Test 20:21

0.000Air Blank 20:21

# 1 0.115Subject Sample 20:22

1.324Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.112Subject Sample 20:26

1.558Breath Volume 20:26

0.000Air Blank 20:26

0.078Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5101/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:13

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

PARKS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.077Control Test 01:59

0.000Air Blank 01:59

# 1 0.117Subject Sample 02:00

1.730Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.112Subject Sample 02:03

1.539Breath Volume 02:03

0.000Air Blank 02:03

0.077Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5101/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:13

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

REYNOLDS

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.077Control Test 04:55

0.000Air Blank 04:55

# 1 0.213Subject Sample 04:56

1.554Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.209Subject Sample 04:59

1.800Breath Volume 04:59

0.000Air Blank 04:59

0.078Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0301/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:58

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

ABBOTT

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.078Control Test 01:09

0.000Air Blank 01:09

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:12

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4501/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:35

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

02/27/2017

AG505803

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

SOSA BATISTA

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:31

# 1 0.105Subject Sample 02:33

1.343Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.111Subject Sample 02:36

1.218Breath Volume 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:3601/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

04:04

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

SANCHEZ MARCADO

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.077Control Test 04:38

0.000Air Blank 04:38

# 1 0.218Subject Sample 04:40

2.640Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.209Subject Sample 04:44

2.542Breath Volume 04:44

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:4801/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:38

Pinellas County SO

VERON,C

02/27/2017

AG505803

Treasure Island PD

ALLAIRE,J,L

BARBAROSH

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

# 1 0.127Subject Sample 00:59

1.621Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.131Subject Sample 01:02

1.750Breath Volume 01:02

0.000Air Blank 01:02

0.078Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0201/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:06

Pinellas County SO

GALATI,VINCENZO

02/27/2017

AG505803

Pinellas County SO

GALATI,VINCENZO,F

FINNEY

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.078Control Test 02:00

0.000Air Blank 02:00

# 1 0.196Subject Sample 02:01

1.832Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.203Subject Sample 02:04

2.183Breath Volume 02:04

0.000Air Blank 02:05

0.077Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:06

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:2301/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:37

Pinellas County SO

REEVES,MARK

02/27/2017

AG505803

Pinellas County SO

REEVES,MARK,O

GERDINE

12/31/2015

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:03

0.000Air Blank 15:03

0.079Control Test 15:04

0.000Air Blank 15:04

# 1Subject Sample 15:04 Subject Test Refused

0.000Breath Volume 15:04

0.000Air Blank 15:05

0.079Control Test 15:05

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 02/01/2016 07:14

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:0701/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:00

Mayport Naval Base

JILES,DARRYL

03/05/2017

03415080A1

Mayport Naval Base

OCASIO,JOSE,A

JOHNSON

12/31/2015

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.077Control Test 22:49

0.000Air Blank 22:49

# 1 0.167Subject Sample 22:51

1.136Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.172Subject Sample 22:54

1.570Breath Volume 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/28/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1901/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:45

Mayport Naval Base

JILES,DARRYL

03/05/2017

03415080A1

Mayport Naval Base

LOOS,JAMES,P

MEADOWS

12/31/2015

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.078Control Test 03:29

0.000Air Blank 03:30

# 1 0.122Subject Sample 03:31

3.718Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.117Subject Sample 03:33

3.386Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 01/28/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:5201/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

09:45

09:45

Mayport Naval Base

RAHIM,A

03/05/2017

03415080A1

Mayport Naval Base

RAHIM,A,

WHITE

12/31/2015

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:21

0.000Air Blank 10:22

0.080Control Test 10:22

0.000Air Blank 10:22

# 1 0.098Subject Sample 10:23

3.097Breath Volume 10:23

0.000Air Blank 10:24

0.000Air Blank 10:25

# 2 0.096Subject Sample 10:26

3.328Breath Volume 10:26

0.000Air Blank 10:26

0.080Control Test 10:27

0.000Air Blank 10:27

OKDiagnostics Check 10:27

Data Download Date/Time: 01/28/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:32:0401/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

14:00

14:00

Mayport Naval Base

RAHIM,A

03/05/2017

03415080A1

Mayport Naval Base

RAHIM,A,

BURRELL

12/31/2015

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:25

0.000Air Blank 14:26

0.080Control Test 14:26

0.000Air Blank 14:27

# 1 0.070Subject Sample 14:27

2.355Breath Volume 14:27

0.000Air Blank 14:28

0.000Air Blank 14:30

# 2 0.066Subject Sample 14:30

2.414Breath Volume 14:30

0.000Air Blank 14:31

0.080Control Test 14:31

0.000Air Blank 14:31

OKDiagnostics Check 14:32

Data Download Date/Time: 01/28/2016 08:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2801/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:31

Orange County SO

WINBURN,TAYLOR

03/05/2017

05115080A5

Orange County SO

FIGUEROA,HECTOR,A

NGUYEN

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:26

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:1901/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:35

Orange County SO

PETERSON,JOSEPH

03/05/2017

05115080A5

Ocoee PD

BELL,SHAWN,

TEJADA

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:32

0.081Control Test 06:33

0.000Air Blank 06:33

# 1 0.198Subject Sample 06:34 No .020 agreement

1.246Breath Volume 06:34

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.220Subject Sample 06:39 No .020 agreement

1.109Breath Volume 06:39

0.000Air Blank 06:39

0.000Air Blank 06:41

# 3 0.208Subject Sample 06:44 Volume Not Met

1.093Breath Volume 06:44

0.000Air Blank 06:45

0.080Control Test 06:45

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:3301/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:35

Orange County SO

JOSEPH,JONATHAN

03/05/2017

05115080A5

Ocoee PD

BELL,SHAWN,

TEJADA

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:47

0.000Air Blank 06:48

0.080Control Test 06:48

0.000Air Blank 06:49

# 1Subject Sample 06:49 Subject Test Refused

0.000Breath Volume 06:49

0.000Air Blank 06:49

0.081Control Test 06:49

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:53:4101/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:22

08:26

Orange County SO

GREEN,SAMUEL

03/05/2017

05115080A5

FHP Troop D

RODRIGUEZ,MICHAEL,J

RIVEROPUELLO

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:47

0.000Air Blank 09:48

0.082Control Test 09:48

0.000Air Blank 09:48

# 1 0.040Subject Sample 09:49

2.195Breath Volume 09:49

0.000Air Blank 09:50

0.000Air Blank 09:51

# 2 0.042Subject Sample 09:52

1.925Breath Volume 09:52

0.000Air Blank 09:52

0.081Control Test 09:53

0.000Air Blank 09:53

OKDiagnostics Check 09:53

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:16:3501/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

12:59

Orange County SO

RANDO,STEPHEN

03/05/2017

05115080A5

FHP Troop D

RODRIGUEZ,MICHAEL,J

CANCRUZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:10

0.000Air Blank 14:11

0.082Control Test 14:11

0.000Air Blank 14:11

# 1 0.212Subject Sample 14:12

2.167Breath Volume 14:12

0.000Air Blank 14:12

0.000Air Blank 14:14

# 2 0.211Subject Sample 14:15

1.949Breath Volume 14:15

0.000Air Blank 14:15

0.080Control Test 14:16

0.000Air Blank 14:16

OKDiagnostics Check 14:16

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:3601/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:57

Orange County SO

BURKHEAD,KYLE

03/05/2017

05115080A5

Orange County SO

BELL,SHAWN,

WILLIAMS

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:25

# 1 0.000Subject Sample 03:25

2.007Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.000Subject Sample 03:28

1.308Breath Volume 03:28

0.000Air Blank 03:28

0.082Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5101/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:38

Orange County SO

DICARLO,JOSEPH

03/05/2017

05115080A5

Winter Park PD

DAVIS,COURTNEY,L

DORMAN

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:38

# 1 0.236Subject Sample 00:39

2.113Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.237Subject Sample 00:42

1.992Breath Volume 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:33:1301/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:57

10:14

Orange County SO

LOPEZ,DAVID

03/05/2017

05115080A5

FHP Troop D

MELVILLE,KELLY,M

CARTER

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:24

0.000Air Blank 11:24

0.081Control Test 11:25

0.000Air Blank 11:25

# 1 0.248Subject Sample 11:28

1.171Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.247Subject Sample 11:31

1.386Breath Volume 11:31

0.000Air Blank 11:32

0.079Control Test 11:32

0.000Air Blank 11:33

OKDiagnostics Check 11:33

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4501/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

23:53

Orange County SO

JORGE,JUNIOR

03/05/2017

05115080A5

FHP Troop D

DAVIS,COURTNEY,L

LOPEZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.092Subject Sample 01:24 Volume Not Met

0.367Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.118Subject Sample 01:27

2.906Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 3 0.117Subject Sample 01:31

1.566Breath Volume 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2301/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:48

Orange County SO

BECTON,WILLIAM

03/05/2017

05115080A5

Orlando PD

HARDEN,WILLIAM,L

BLACK

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.171Subject Sample 03:34

1.679Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.173Subject Sample 03:37

1.816Breath Volume 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/07/2016 13:13

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0501/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:50

Orange County SO

DANJOU,SCOTT

03/05/2017

05115080A5

Orange County SO

FIGUEROA,HECTOR,A

GOMEZ RODRIGUEZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.081Control Test 00:33

0.000Air Blank 00:34

# 1 0.117Subject Sample 00:37 Volume Not Met

0.382Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.126Subject Sample 00:41

1.468Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:43

# 3 0.127Subject Sample 00:44

1.183Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4701/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:48

Orange County SO

CLARK,ANDREW

03/05/2017

05115080A5

OTHER Local

DAVIS,COURTNEY,L

KUTZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

# 1 0.190Subject Sample 02:02

3.816Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.166Subject Sample 02:04

1.390Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 3 0.171Subject Sample 02:09

1.992Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2201/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:19

Orange County SO

DOBBINS,SEAN

03/05/2017

05115080A5

Orange County SO

FIGUEROA,HECTOR,A

INIGUEZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.214Subject Sample 02:59 No .020 agreement

1.406Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.192Subject Sample 03:05 Volume Not Met

0.074Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 3 0.191Subject Sample 03:09 No .020 agreement

1.347Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3501/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:19

Orange County SO

DOBBINS,SEAN

03/05/2017

05115080A5

Orange County SO

FIGUEROA,HECTOR,A

INIGUEZ

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.079Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5701/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:57

Orange County SO

MATHISEN,LEIGH

03/05/2017

05115080A5

Winter Garden PD

DAVIS,COURTNEY,L

PETERLIN

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:46

# 1 0.185Subject Sample 02:50

1.597Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.129Subject Sample 02:55 Volume Not Met

0.144Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 3 0.134Subject Sample 03:01 Volume Not Met

0.140Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2301/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:53

Orange County SO

DOBBINS,SEAN

03/05/2017

05115080A5

Orange County SO

COLEMAN,BRETT,J

STRAND

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.121Subject Sample 03:20

3.785Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.115Subject Sample 03:23

4.101Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1301/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:55

Orange County SO

KRALICH,BRENDEN

03/05/2017

05115080A5

FHP Troop D

DAVIS,COURTNEY,L

WARD

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1 0.129Subject Sample 03:44

2.031Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.119Subject Sample 03:47

1.335Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5601/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:13

Orange County SO

MOONDA,SHUAIB

03/05/2017

05115080A5

FHP Troop D

DAVIS,COURTNEY,L

NORTON

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.108Subject Sample 03:26

1.609Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.104Subject Sample 03:29

1.648Breath Volume 03:29

0.000Air Blank 03:30

0.082Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:23:1201/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:39

08:16

Orange County SO

PORTER,GARY

03/05/2017

05115080A5

Orange County SO

RODRIGUEZ,MICHAEL,J

CHAMBERLAIN

12/08/2015

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:08

0.000Air Blank 09:08

0.081Control Test 09:08

0.000Air Blank 09:09

# 1 0.149Subject Sample 09:12 Volume Not Met

0.851Breath Volume 09:12

0.000Air Blank 09:13

0.000Air Blank 09:15

# 2 0.171Subject Sample 09:17

1.257Breath Volume 09:17

0.000Air Blank 09:18

0.000Air Blank 09:20

# 3 0.152Subject Sample 09:21

1.101Breath Volume 09:21

0.000Air Blank 09:22

0.080Control Test 09:22

0.000Air Blank 09:23

OKDiagnostics Check 09:23

Data Download Date/Time: 01/13/2016 12:21

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:0101/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:12

Orange County SO

ZITO,ANTHONY

11/05/2016

28214080A1

FHP Troop D

HARDEN,WILLIAM,L

WEBSTER

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.082Control Test 22:37

0.000Air Blank 22:37

# 1 0.267Subject Sample 22:39

2.093Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:41

# 2 0.271Subject Sample 22:42

1.843Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:44

Data Download Date/Time: 01/21/2016 15:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1101/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:10

Orange County SO

BECK,KURTIS

11/05/2016

28214080A1

Ocoee PD

HARDEN,WILLIAM,L

FERNANDES

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.081Control Test 02:21

0.000Air Blank 02:21

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/21/2016 15:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0401/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:22

Orange County SO

IMPARATO,FRANK

11/05/2016

28214080A1

Central FL Univ PD

HARDEN,WILLIAM,L

AMONETTE II

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:23

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:25

Data Download Date/Time: 01/21/2016 15:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0301/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:56

Orange County SO

HUTTO,ROSS

11/05/2016

28214080A1

Orlando PD

HARDEN,WILLIAM,L

HECK

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.083Control Test 01:52

0.000Air Blank 01:53

# 1 0.145Subject Sample 01:54

2.601Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:56

# 2 0.150Subject Sample 01:57

2.863Breath Volume 01:57

0.000Air Blank 01:58

0.082Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 01/21/2016 15:16

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0201/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:07

Orange County SO

HAWKINS,DEBORAH

11/05/2016

28214080A1

FHP Troop D

SCREWS,DARCY,L

BERTRAND

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.082Control Test 04:13

0.000Air Blank 04:13

# 1 0.147Subject Sample 04:14

2.050Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.114Subject Sample 04:19 Volume Not Met

0.105Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 3 0.121Subject Sample 04:25 Volume Not Met

0.066Breath Volume 04:25

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 01/28/2016 10:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3401/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:41

Orange County SO

HERNANDEZ,FRANK

11/05/2016

28214080A1

Orange County SO

DAVIS,COURTNEY,L

TILUS

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

# 1 0.225Subject Sample 03:30

1.937Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.218Subject Sample 03:33

2.003Breath Volume 03:33

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 01/28/2016 10:12

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3001/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:24

Orange County SO

ALEJANDRO,GENESIS

11/05/2016

28214080A1

Winter Park PD

BELL,SHAWN,

GADHIA

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:18

0.000Air Blank 01:18

# 1 0.159Subject Sample 01:19

2.398Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.155Subject Sample 01:21

2.281Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0701/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:47

Orange County SO

WEAVER,WILLIAM

11/05/2016

28214080A1

Orlando PD

BELL,SHAWN,

SMITH

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

# 1 0.240Subject Sample 03:37

4.085Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.240Subject Sample 03:40

3.828Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4101/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:57

Orange County SO

KIPP,ALEXANDER

11/05/2016

28214080A1

Orlando PD

BELL,SHAWN,

DORLEANS

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.082Control Test 04:44

0.000Air Blank 04:44

# 1 0.000Subject Sample 04:45

1.179Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.000Subject Sample 04:49

1.460Breath Volume 04:49

0.000Air Blank 04:49

0.083Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:2301/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:53

FHP Troop D

JORGE,JUNIOR

11/05/2016

28214080A1

FHP Troop D

BYRD,TONYA,R

GIUMARRA

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.082Control Test 23:57

0.000Air Blank 23:57

# 2 0.164Subject Sample 23:59

2.554Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.166Subject Sample 00:02

2.750Breath Volume 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2601/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:38

Orange County SO

HAWKINS,DEBORAH

11/05/2016

28214080A1

FHP Troop D

BYRD,TONYA,R

WYRICK

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.083Control Test 04:20

0.000Air Blank 04:21

# 1 0.000Subject Sample 04:22

3.296Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.000Subject Sample 04:25

3.312Breath Volume 04:25

0.000Air Blank 04:25

0.082Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:0601/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:25

Orange County SO

IRELAND,DAVID

11/05/2016

28214080A1

Edgewood PD

BYRD,TONYA,R

MARTINEZ

01/13/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:40

0.082Control Test 05:40

0.000Air Blank 05:41

# 1Subject Sample 05:44 No Sample Provided

0.000Breath Volume 05:44

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2Subject Sample 05:49 No Sample Provided

0.000Breath Volume 05:49

0.000Air Blank 05:50

0.082Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 02/04/2016 13:52

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:5001/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:31

Clay County SO

PRITCHARD,DEPUTY

11/05/2016

28814080A3

Clay County SO

SMITH,DEPUTY,J

DUKES

12/21/2015

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.082Control Test 21:22

0.000Air Blank 21:23

# 1Subject Sample 21:26 No Sample Provided

0.000Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:29

0.082Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 01/21/2016 20:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:1801/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:48

14:04

Clay County SO

KROH,E

11/05/2016

28814080A3

Clay County SO

ASHE,KEVIN,B

SZABO

12/21/2015

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:09

0.000Air Blank 16:09

0.082Control Test 16:10

0.000Air Blank 16:10

# 1 0.074Subject Sample 16:11

1.312Breath Volume 16:11

0.000Air Blank 16:12

0.000Air Blank 16:14

# 2 0.073Subject Sample 16:15

1.734Breath Volume 16:15

0.000Air Blank 16:16

0.082Control Test 16:16

0.000Air Blank 16:17

OKDiagnostics Check 16:17

Data Download Date/Time: 01/21/2016 20:42

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1301/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:13

Clay County SO

ROOT,K

10/05/2017

24515080A3

FHP Troop G

HINSON,CODY,A

PICKETT

01/21/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.082Control Test 23:49

0.000Air Blank 23:50

# 1 0.000Subject Sample 23:50

1.984Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.000Subject Sample 23:53

1.734Breath Volume 23:53

0.000Air Blank 23:54

0.082Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/21/2016 18:08

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:08:3501/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:41

07:55

Tyndall AFB PD

PLUMADORE,JOHN

06/11/2012

779418

Tyndall AFB PD

BLAUZDIS,CHELSEA,L

GOODMAN

12/04/2015

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:02

0.000Air Blank 09:02

0.079Control Test 09:03

0.000Air Blank 09:03

# 1 0.204Subject Sample 09:04

2.511Breath Volume 09:04

0.000Air Blank 09:05

0.000Air Blank 09:06

# 2 0.199Subject Sample 09:06

1.531Breath Volume 09:06

0.000Air Blank 09:07

0.075Control Test 09:07

0.000Air Blank 09:08

OKDiagnostics Check 09:08

Data Download Date/Time: 01/20/2016 20:59

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:1201/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

08:00

07:50

Tyndall AFB PD

LORD,SIR

08/05/2016

19014080A3

Tyndall AFB PD

LORD,LANNY,A

DOE

01/20/2016

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:26

0.000Air Blank 08:26

0.080Control Test 08:27

0.000Air Blank 08:27

# 1 0.000Subject Sample 08:28

1.347Breath Volume 08:28

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.000Subject Sample 08:30

1.679Breath Volume 08:30

0.000Air Blank 08:31

0.078Control Test 08:31

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 02/29/2016 11:17

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4401/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:04

Kenneth City PD

NAUMANN,NATHAN

04/01/2016

05514080A1

Pinellas Park PD

DANIELS,KEVIN,L

DUBOIS

01/07/2016

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.208Subject Sample 04:02

1.953Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.201Subject Sample 04:05

1.753Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 02/11/2016 21:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3601/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:01

Kenneth City PD

JASIUKIEWICZ,MICHAEL

04/01/2016

05514080A1

Pinellas Park PD

DANIELS,KEVIN,L

DELORENZO

01/07/2016

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1 0.011Subject Sample 03:45

1.488Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.012Subject Sample 03:48

2.382Breath Volume 03:48

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/11/2016 21:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3601/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:42

Kenneth City PD

JASIUKIEWICZ,MICHAEL

04/01/2016

05514080A1

Pinellas Park PD

DANIELS,KEVIN,L

LEPREVOST

01/07/2016

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

# 1 0.140Subject Sample 03:57 Volume Not Met

0.453Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.165Subject Sample 04:01

1.351Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 3 0.174Subject Sample 04:04

2.070Breath Volume 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 02/11/2016 21:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3901/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:17

Kenneth City PD

ROLLESTON,JACOB

04/01/2016

05514080A1

Pinellas Park PD

VIENO,SGT. MICHAEL,J

FAULKNER

01/07/2016

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.229Subject Sample 22:12

3.617Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.216Subject Sample 22:15

2.542Breath Volume 22:15

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/11/2016 21:26

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3201/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:52

Collier County SO

KAPLAN,S

09/05/2017

19615080A4

Collier County SO

VADNEY,MICHELE,M

BRYANT

01/04/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:47

# 1 0.078Subject Sample 03:48

2.253Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.079Subject Sample 03:51

1.292Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 01/13/2016 08:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:10:4601/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:19

Collier County SO

PROBATION,PROBATION

09/05/2017

19615080A4

Collier County SO

THOMPKINS,JENNIFER,S

EBEL

01/04/2016

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:04

0.000Air Blank 11:04

0.079Control Test 11:04

0.000Air Blank 11:05

# 1 0.122Subject Sample 11:06

1.324Breath Volume 11:06

0.000Air Blank 11:06

0.000Air Blank 11:08

# 2 0.120Subject Sample 11:09

1.878Breath Volume 11:09

0.000Air Blank 11:09

0.079Control Test 11:10

0.000Air Blank 11:10

OKDiagnostics Check 11:10

Data Download Date/Time: 01/13/2016 08:47

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:0001/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:46

St. Petersburg PD

ZOLLOTA,VLADIMIR

02/20/2016

1461211

St. Petersburg PD

ALVEY,DOUGLAS,J

KINCAID

12/25/2015

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

# 1 0.152Subject Sample 20:58

2.066Breath Volume 20:58

Air Blank 20:58 RFI Detect

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 21:00

Data Download Date/Time: 01/30/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0301/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:43

St. Petersburg PD

ZOLLOTA,VLADAMIR

02/20/2016

1461211

St. Petersburg PD

ALVEY,DOUGLAS,J

KINCAID

12/25/2015

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

# 1 0.157Subject Sample 21:04

2.671Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.162Subject Sample 21:07

3.136Breath Volume 21:07

0.000Air Blank 21:08

0.079Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:09

Data Download Date/Time: 01/30/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1501/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:35

St. Petersburg PD

ALVEY,DOUGLAS

02/20/2016

1461211

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

LAZENBY

12/25/2015

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

Air Blank 23:47 RFI Detect

0.000Air Blank 23:48

Data Download Date/Time: 01/30/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:3701/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:35

St. Petersburg PD

ALVEY,DOUGLAS

02/20/2016

1461211

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

LAZENBY

12/25/2015

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:51

0.000Air Blank 23:51

# 1 0.262Subject Sample 23:52

1.789Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.245Subject Sample 23:57

1.250Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 01/30/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0301/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

00:10

St. Petersburg PD

ZOLLOTA,VLADAMIR

02/20/2016

1461211

St. Petersburg PD

ALVEY,DOUGLAS,J

GILLIS

12/25/2015

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:23

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 01/30/2016 15:05

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0101/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

03:00

St. Petersburg PD

CARTER,MATTHEW

02/20/2016

1461211

St. Petersburg PD

ALVEY,DOUGLAS,J

HUTCHISON

01/30/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:14

Data Download Date/Time: 02/24/2016 23:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5801/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:36

St. Petersburg PD

ZOLLOTA,VLADAMIR

02/20/2016

1461211

St. Petersburg PD

ALVEY,DOUGLAS,J

GARDNER

01/30/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:45

# 1 0.215Subject Sample 03:47

2.257Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.219Subject Sample 03:52

1.105Breath Volume 03:52

0.000Air Blank 03:53

0.078Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 02/24/2016 23:19

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:4301/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:12

North Bay Village PD

FLOYD,DAVID

02/05/2016

1454122

North Bay Village PD

FLOYD,DAVID,L

HUDSON

12/30/2015

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:21

# 1 0.186Subject Sample 01:25 Volume Not Met

0.054Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.192Subject Sample 01:28

1.156Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:30

# 3 0.191Subject Sample 01:32

1.332Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 01/28/2016 15:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:05:5701/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:11

08:00

Miami PD

DEPRADO,DANIEL

02/05/2016

1454122

Miami PD

MOORE,DANIEL,J

MITCHELL

01/28/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:01

0.000Air Blank 09:02

0.081Control Test 09:02

0.000Air Blank 09:03

# 1Subject Sample 09:04 Subject Test Refused

0.000Breath Volume 09:04

0.000Air Blank 09:05

0.080Control Test 09:05

0.000Air Blank 09:05

OKDiagnostics Check 09:05

Data Download Date/Time: 02/25/2016 18:31

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:36:2501/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

05:35

St. John's County SO

EVANS,THOMAS

10/01/2016

1568991

St. John's County SO

EVANS,THOMAS,H

MANGUS

01/20/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:29

0.000Air Blank 07:30

0.077Control Test 07:30

0.000Air Blank 07:31

# 1 0.058Subject Sample 07:31

2.746Breath Volume 07:31

0.000Air Blank 07:32

0.000Air Blank 07:34

# 2 0.054Subject Sample 07:34

2.636Breath Volume 07:34

0.000Air Blank 07:35

0.078Control Test 07:35

0.000Air Blank 07:36

OKDiagnostics Check 07:36

Data Download Date/Time: 02/24/2016 15:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1501/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:05

St. John's County SO

BECKTON,QUENTIN

10/01/2016

1568991

St. John's County SO

BECKTON,QUENTIN,Q

DANIELS

01/20/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

# 1 0.265Subject Sample 03:03

4.101Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.265Subject Sample 03:06

3.839Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 02/24/2016 15:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2601/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:04

St. Augustine PD

MILLER,CHRIS

10/01/2016

1568991

St. Augustine PD

MILLER,CHRIS,

ALDO

01/20/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:57

# 1 0.167Subject Sample 03:58

1.746Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2Subject Sample 04:01 RFI Detect

0.000Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 02/24/2016 15:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5801/31/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:04

St. Augustine PD

MILLER,CHRIS

10/01/2016

1568991

St. Augustine PD

MILLER,CHRIS,

ALDO

01/20/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

# 1 0.151Subject Sample 04:06

1.437Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:08

# 2 0.158Subject Sample 04:09

1.636Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 02/24/2016 15:51

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5201/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:41

North Miami PD

DE JESUS,RAY

04/05/2017

06415080A2

North Miami PD

DE JESUS,RAY,

FLORVIL

12/29/2015

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.083Control Test 22:47

0.000Air Blank 22:47

# 1Subject Sample 22:50 No Sample Provided

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2Subject Sample 22:56 No Sample Provided

0.000Breath Volume 22:56

0.000Air Blank 22:56

0.084Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 01/15/2016 11:24

11 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


