
80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:5809/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:29

Homestead PD

STEPHENSON,JENNIFER

06/17/2018

1870563

Homestead PD

STEPHENSON,JENNIFER,L

ZIJIC

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:1409/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:30

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

PEREZ JIMINEZ

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

# 1 0.241Subject Sample 02:24 Slope Not Level

1.191Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4209/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:20

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

WEVER

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 01:00

0.000Air Blank 01:00

# 1Subject Sample 01:03 No Sample Provided

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5409/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:23

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

AGUILAR TZOC

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:3009/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:07

Homestead PD

CHEVALIER,JEAN

06/17/2018

1870563

Homestead PD

STEPHENSON,JENNIFER,L

PADILLA

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.081Control Test 04:39

0.000Air Blank 04:39

# 1 0.205Subject Sample 04:39

2.019Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.213Subject Sample 04:42

2.085Breath Volume 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1209/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:36

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

LAYNEY CABA

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:2409/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:47

Homestead PD

CRUZ,JORGE

06/17/2018

1870563

Homestead PD

CRUZ,JORGE,E

ALBERTO

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:44

0.082Control Test 21:44

0.000Air Blank 21:45

# 1 0.189Subject Sample 21:48

1.531Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.184Subject Sample 21:53 Volume Not Met

0.953Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 3 0.193Subject Sample 21:58

1.988Breath Volume 21:58

0.000Air Blank 21:59

0.078Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:10:0309/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:15

Homestead PD

MURGUIDO,ALEJANDRO

06/17/2018

1870563

Homestead PD

MURGUIDO,ALEJANDRO,

AGUILA

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:03

0.000Air Blank 11:03

0.081Control Test 11:04

0.000Air Blank 11:04

# 1 0.169Subject Sample 11:05

2.695Breath Volume 11:05

0.000Air Blank 11:06

0.000Air Blank 11:07

# 2 0.163Subject Sample 11:08

2.636Breath Volume 11:08

0.000Air Blank 11:09

0.079Control Test 11:09

0.000Air Blank 11:09

OKDiagnostics Check 11:10

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:21:2409/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:50

10:37

Homestead PD

GUZMAN,ENGELBERT

06/17/2018

1870563

Homestead PD

MURGUIDO,ALEJANDRO,

HERRERA

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:14

0.000Air Blank 12:15

0.081Control Test 12:15

0.000Air Blank 12:16

# 1 0.238Subject Sample 12:16

3.027Breath Volume 12:16

0.000Air Blank 12:17

0.000Air Blank 12:19

# 2 0.224Subject Sample 12:19

2.578Breath Volume 12:19

0.000Air Blank 12:20

0.077Control Test 12:20

0.000Air Blank 12:21

OKDiagnostics Check 12:21

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:3809/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

05:11

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

STEPHENSON,JENNIFER,L

ZARATE MUNOZ

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:54

0.000Air Blank 05:54

0.080Control Test 05:55

0.000Air Blank 05:55

# 1 0.219Subject Sample 05:58

1.824Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.220Subject Sample 06:02

1.511Breath Volume 06:02

0.000Air Blank 06:03

0.076Control Test 06:04

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:1109/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:27

Homestead PD

ROJO,EDDY

06/17/2018

1870563

Homestead PD

STEPHENSON,JENNIFER,L

PERDOMO

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.081Control Test 04:59

0.000Air Blank 04:59

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2709/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:27

Homestead PD

ROJO,E.

06/17/2018

1870563

Homestead PD

NEWTON,JOSHUA,

ROMERO-GONZALEZ

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

# 1 0.164Subject Sample 05:17

2.203Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.161Subject Sample 05:20

2.253Breath Volume 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4509/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:36

Homestead PD

PEREZ,RAUL

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

NAJERA Y NAJERA

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.082Control Test 02:27

0.000Air Blank 02:27

# 1 0.181Subject Sample 02:28

2.367Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.176Subject Sample 02:32

1.902Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2109/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:08

Homestead PD

ACOSTA,M

06/17/2018

1870563

Homestead PD

PEREZ,RAUL,

GONZALEZ VELASQUEZ

08/11/2016

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.082Control Test 04:07

0.000Air Blank 04:08

# 1 0.156Subject Sample 04:10

1.269Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:12

# 2 0.167Subject Sample 04:13

1.371Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 09/27/2016 16:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:3109/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

19:43

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

PILKONS

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.075Control Test 19:52

0.000Air Blank 19:53

# 1 0.183Subject Sample 19:53

4.843Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.184Subject Sample 19:57

4.621Breath Volume 19:57

0.000Air Blank 19:57

0.074Control Test 19:57 Control Outside Tolerance

0.000Air Blank 19:58

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:4709/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

19:43

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

PILKONS

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.075Control Test 20:03

0.000Air Blank 20:04

# 1 0.180Subject Sample 20:04

4.378Breath Volume 20:04

0.000Air Blank 20:05

Air Blank 20:07 Ambient Fail

0.000Air Blank 20:07

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:2709/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

19:43

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

PILKONS

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:10

0.075Control Test 20:10

0.000Air Blank 20:11

# 1 0.179Subject Sample 20:11

3.781Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.172Subject Sample 20:14

3.285Breath Volume 20:14

0.000Air Blank 20:15

0.075Control Test 20:15

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1009/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:36

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

WARE

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.077Control Test 00:45

0.000Air Blank 00:45

# 1Subject Sample 00:45 RFI Detect

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.077Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3909/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:36

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

WARE

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.077Control Test 00:50

0.000Air Blank 00:50

# 1 0.108Subject Sample 00:51

4.617Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.104Subject Sample 00:54

2.902Breath Volume 00:54

0.000Air Blank 00:54

0.075Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2009/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

03:15

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

LETSON,REBECCA,G

GALAN

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.076Control Test 03:25

0.000Air Blank 03:26

# 1 0.076Subject Sample 03:26

1.878Breath Volume 03:26

0.000Air Blank 03:27

Air Blank 03:28 RFI Detect

0.000Air Blank 03:29

0.076Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2609/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

03:15

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

LETSON,REBECCA,G

GALAN

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.076Control Test 03:33

0.000Air Blank 03:34

# 1 0.075Subject Sample 03:34

2.929Breath Volume 03:34

0.000Air Blank 03:35

Air Blank 03:37 RFI Detect

0.000Air Blank 03:37

0.075Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3409/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

03:15

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

LETSON,REBECCA,G

GALAN

08/12/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.076Control Test 03:41

0.000Air Blank 03:41

# 1 0.077Subject Sample 03:42

2.722Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.073Subject Sample 03:45

3.070Breath Volume 03:45

0.000Air Blank 03:45

0.075Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0809/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:32

Ocala PD

JOEDICKE,WILLIAM

05/05/2017

11315080A1

Ocala PD

JOEDICKE,WILLIAM,R

BYNES

09/07/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:42

# 1 0.117Subject Sample 23:42

2.062Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.118Subject Sample 23:45

2.566Breath Volume 23:45

0.000Air Blank 23:46

0.077Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 09/14/2016 23:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:3209/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:15

Marion County SO

MILLER,GARY

05/05/2017

11315080A1

Marion County SO

MILLER,GARY,A

STEVENSON

09/07/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.077Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 RFI Detect

0.000Breath Volume 01:51

Air Blank 01:52 RFI Detect

0.000Air Blank 01:52

Data Download Date/Time: 10/31/2016 22:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5309/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:15

Marion County SO

MILLER,GARY

05/05/2017

11315080A1

Marion County SO

MILLER,GARY,A

STEVENSON

09/07/2016

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.076Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:55 RFI Detect

0.000Breath Volume 01:55

0.000Air Blank 01:55

0.076Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 10/31/2016 22:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:3309/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

11:35

11:30

FDLE

TEST,TEST

02/22/2018

AG605301

FDLE

BELL,DANIELLE,M

SYSTEM CHECK

08/29/2016

8100.27

ASTATULA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:00

0.000Air Blank 12:00

0.082Control Test 12:01

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:02

1.359Breath Volume 12:02

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:05

1.667Breath Volume 12:05

0.000Air Blank 12:05

0.080Control Test 12:05

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 09/21/2016 14:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:2009/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:00

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

PATEL

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:30

0.000Air Blank 19:30

0.077Control Test 19:31

0.000Air Blank 19:31

# 1Subject Sample 19:32 Slope Not Met

1.101Breath Volume 19:32

0.000Air Blank 19:33

0.077Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:0409/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:00

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

PATEL

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.078Control Test 19:56

0.000Air Blank 19:56

# 1 0.336Subject Sample 19:57

1.125Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 19:59

# 2 0.334Subject Sample 20:00

1.152Breath Volume 20:00

0.000Air Blank 20:01

0.076Control Test 20:01

0.000Air Blank 20:01

OKDiagnostics Check 20:02

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4209/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:31

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

WILSON

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

# 1 0.138Subject Sample 01:18

1.906Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.137Subject Sample 01:22

2.132Breath Volume 01:22

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:4409/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:40

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

RUSZCZYK

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1 0.155Subject Sample 03:23

2.496Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.157Subject Sample 03:26

1.863Breath Volume 03:26

0.000Air Blank 03:26

0.077Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3409/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:04

Brevard County SO

MOORE,KIMBERLY

06/05/2018

12716080A5

Brevard County SO

WILKIN,SEAN,D

POLK

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.078Control Test 02:41

0.000Air Blank 02:41

# 1 0.129Subject Sample 02:42

3.070Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.132Subject Sample 02:45

3.226Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4009/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:57

Brevard County SO

BARRETT,TAYLOR

06/05/2018

12716080A5

Brevard County SO

WILKIN,SEAN,D

LASHLEY

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.078Control Test 03:38

0.000Air Blank 03:39

# 1 0.148Subject Sample 03:40

2.144Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.151Subject Sample 03:43

2.472Breath Volume 03:43

0.000Air Blank 03:43

0.078Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5809/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:31

Brevard County SO

HOWARD,WILLIAM

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

BOWICK

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.078Control Test 02:56

0.000Air Blank 02:56

# 1 0.101Subject Sample 02:59 Volume Not Met

0.148Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.092Subject Sample 03:05 Volume Not Met

0.015Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:4609/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:20

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

MCCORMACK

08/24/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:59

0.000Air Blank 02:59

# 1 0.194Subject Sample 03:00

1.164Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.206Subject Sample 03:03

1.449Breath Volume 03:03

0.000Air Blank 03:03

0.078Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 09/21/2016 19:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1609/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:04

Brevard County SO

BIVINS,HEATHER

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

BATTLE

09/21/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.078Control Test 02:34

0.000Air Blank 02:34

# 1 0.081Subject Sample 02:35

1.757Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.081Subject Sample 02:38

1.808Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 10/19/2016 20:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:5409/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:12

Brevard County SO

MANGRUM,CHAD

06/05/2018

12716080A5

Brevard County SO

ELLISON,JOSH,G

HUFF

09/21/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.078Control Test 05:37

0.000Air Blank 05:37

# 1 0.138Subject Sample 05:40

3.035Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:42

# 2 0.138Subject Sample 05:43

2.656Breath Volume 05:43

0.000Air Blank 05:43

0.076Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 10/19/2016 20:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0809/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:05

Brevard County SO

HOWARD,WILLIAM

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

STUMPF

09/21/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.106Subject Sample 00:34

2.101Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.106Subject Sample 00:37

2.214Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/19/2016 20:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2109/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:34

Brevard County SO

BARRETT,TAYLOR

06/05/2018

12716080A5

Brevard County SO

BIVINS,HEATHER,C

CAMP JR

09/21/2016

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

# 1 0.282Subject Sample 03:09

1.332Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.276Subject Sample 03:12

1.781Breath Volume 03:12

0.000Air Blank 03:13

0.076Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 10/19/2016 20:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2809/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:15

Hendry County SO

CAMERON,DAVID

06/10/2017

1694353

Hendry County SO

CAMERON,DAVID,J

ESCALANTE

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.159Subject Sample 03:04

1.250Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.158Subject Sample 03:07

2.031Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 09/28/2016 15:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5209/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:34

Hendry County SO

CAMERON,DAVID

06/10/2017

1694353

Hendry County SO

CAMERON,DAVID,J

CARDENAS

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1 0.269Subject Sample 01:11

1.375Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.276Subject Sample 01:14

1.953Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 09/28/2016 15:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1509/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:32

Hendry County SO

CAMERON,DAVID

06/10/2017

1694353

Hendry County SO

CAMERON,DAVID,J

MOBLEY

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:22

# 1 0.193Subject Sample 03:22

2.375Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.185Subject Sample 03:25

2.070Breath Volume 03:25

0.000Air Blank 03:26

0.077Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 09/28/2016 15:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:5709/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:14

Hendry County SO

CAMERON,DAVID

06/10/2017

1694353

Hendry County SO

CAMERON,DAVID,J

RIVERA

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.081Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 09/28/2016 15:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:5309/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:17

FHP Troop F

REED,MICHAEL

10/02/2018

83551

FHP Troop F

REED,MICHAEL,K

CALDERON

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.082Control Test 04:17

0.000Air Blank 04:17

# 1 0.134Subject Sample 04:19

2.007Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.136Subject Sample 04:22

2.769Breath Volume 04:22

0.000Air Blank 04:22

0.080Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 09/28/2016 15:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:01:0609/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

06:00

Astatula PD

PALINSKI,TIM

01/05/2018

00816080A1

Astatula PD

PALINSKI,TIMOTHY,A

PALINSKI

08/29/2016

8100.27

ASTATULA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:55

0.000Air Blank 09:55

0.077Control Test 09:55

0.000Air Blank 09:56

# 1 0.000Subject Sample 09:56

1.304Breath Volume 09:56

0.000Air Blank 09:57

0.000Air Blank 09:59

# 2 0.000Subject Sample 09:59

1.441Breath Volume 09:59

0.000Air Blank 10:00

0.078Control Test 10:00

0.000Air Blank 10:00

OKDiagnostics Check 10:01

Data Download Date/Time: 10/03/2016 15:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:4309/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

06:00

Astatula PD

PALINSKI,TIMOTHY

01/05/2018

00816080A1

Astatula PD

PAINSKI,T',

PALINSKI

08/29/2016

8100.27

ASTATULA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:17

0.077Control Test 10:17

0.000Air Blank 10:18

# 1 0.000Subject Sample 10:18

1.742Breath Volume 10:18

0.000Air Blank 10:19

0.000Air Blank 10:21

# 2 0.000Subject Sample 10:21

1.234Breath Volume 10:21

0.000Air Blank 10:21

0.077Control Test 10:22

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 10/03/2016 15:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2309/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:30

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

MONTAGNANI

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.126Subject Sample 00:55

1.546Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.116Subject Sample 00:58

1.941Breath Volume 00:58

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 09/26/2016 10:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5809/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:21

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

POSADA CAMPOS

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

# 1 0.168Subject Sample 23:35 Volume Not Met

0.257Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.162Subject Sample 23:41 Volume Not Met

0.976Breath Volume 23:41

0.000Air Blank 23:42

0.078Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 09/26/2016 10:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:0009/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:42

Clay County SO

GLENN,C

10/05/2017

24515080A3

Clay County SO

STACY,A,L

CORNETT

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

# 1Subject Sample 04:47 No Sample Provided

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:52

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5309/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:52

Clay County SO

PRITCHARD,T

10/05/2017

24515080A3

Clay County SO

JOHNSON,MATTHEW,P

EIGENMANN

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

# 1 0.186Subject Sample 04:57

1.449Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.182Subject Sample 05:00

1.500Breath Volume 05:00

0.000Air Blank 05:00

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:3609/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:32

Clay County SO

MULVANEY,T

10/05/2017

24515080A3

Clay County SO

THOMPSON,JOHN,K

THACKER

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.080Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:22 No Sample Provided

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5809/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:32

Clay County SO

PRITCHARD,TRAVIS

10/05/2017

24515080A3

Clay County SO

ZIER,TAMMY,L

JOHNS

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.081Control Test 20:42

0.000Air Blank 20:43

# 1 0.129Subject Sample 20:43

1.457Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.132Subject Sample 20:47

1.453Breath Volume 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2209/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:09

Clay County SO

FAIRCLOTH,CHRIS

10/05/2017

24515080A3

Clay County SO

ZIER,TAMMY,L

BARKHURST

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1 0.166Subject Sample 03:08

1.679Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.160Subject Sample 03:11

1.238Breath Volume 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3009/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:24

Clay County SO

FIELDS,K

10/05/2017

24515080A3

Clay County SO

STACY,A,L

MUELLER

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1Subject Sample 23:40 No Sample Provided

0.000Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1609/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:23

Clay County SO

FAIRCLOTH,C

10/05/2017

24515080A3

Clay County SO

JOHNSON,MATTHEW,P

KAAT

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

# 1 0.165Subject Sample 22:27

1.753Breath Volume 22:27

0.000Air Blank 22:27

0.000Air Blank 22:29

# 2 0.161Subject Sample 22:30

1.664Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:5009/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

03:54

Clay County SO

GLENN,DEPUTY

10/05/2017

24515080A3

Clay County SO

SAUNDERS,DEPUTY,C

COFER

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.080Control Test 06:11

0.000Air Blank 06:11

# 1 0.153Subject Sample 06:12

2.265Breath Volume 06:12

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.151Subject Sample 06:16

2.046Breath Volume 06:16

0.000Air Blank 06:16

0.080Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:4909/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:17

Clay County SO

SCOTT,T

10/05/2017

24515080A3

FHP Troop G

JOHNSON,MATTHEW,P

HILL

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.081Control Test 00:06

0.000Air Blank 00:06

# 1 0.272Subject Sample 00:07

2.000Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.282Subject Sample 00:10

2.019Breath Volume 00:10

0.000Air Blank 00:10

0.078Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5509/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:32

Clay County SO

PRITCHARD,T

10/05/2017

24515080A3

Clay County SO

JOHNSON,MATTHEW,P

MAKROS

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.162Subject Sample 03:28

1.824Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.178Subject Sample 03:31

1.542Breath Volume 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4309/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:01

Clay County SO

SOLIS,E

10/05/2017

24515080A3

Clay County SO

JOHNSON,MATTHEW,P

BARRETT

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.115Subject Sample 03:52

2.371Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.116Subject Sample 03:56

2.226Breath Volume 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4609/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:22

Clay County SO

FRESHOUR,R

10/05/2017

24515080A3

Clay County SO

HINSON,CODY,A

SWEAT

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1 0.129Subject Sample 23:54

2.046Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.138Subject Sample 23:58

1.847Breath Volume 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1009/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:30

Clay County SO

FAIRCLOTH,CHRIS

10/05/2017

24515080A3

Clay County SO

ZIER,TAMMY,L

BUZA

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

# 1Subject Sample 03:13 No Sample Provided

0.000Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.182Subject Sample 03:19 Volume Not Met

0.000Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:19:0009/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

13:52

Clay County SO

LAZO,OFFICER

10/05/2017

24515080A3

Green Cove Springs

SAUNDERS,DEPUTY,C

AUSTIN

08/24/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.080Control Test 16:11

0.000Air Blank 16:11

# 1Subject Sample 16:14 No Sample Provided

0.000Breath Volume 16:14

0.000Air Blank 16:15

0.000Air Blank 16:17

# 2Subject Sample 16:17 Subject Test Refused

0.000Breath Volume 16:17

0.000Air Blank 16:18

0.080Control Test 16:18

0.000Air Blank 16:18

OKDiagnostics Check 16:19

Data Download Date/Time: 09/25/2016 18:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:20:5709/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:52

09:15

Clay County SO

SAUNDERS,J

10/05/2017

24515080A3

Clay County SO

COE,J,D

SCOTT

09/25/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:14

0.000Air Blank 10:15

0.079Control Test 10:15

0.000Air Blank 10:16

# 1 0.000Subject Sample 10:16

4.023Breath Volume 10:16

0.000Air Blank 10:17

0.000Air Blank 10:19

# 2 0.000Subject Sample 10:19

2.875Breath Volume 10:19

0.000Air Blank 10:20

0.078Control Test 10:20

0.000Air Blank 10:20

OKDiagnostics Check 10:20

Data Download Date/Time: 10/09/2016 09:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:5209/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:04

Clay County SO

LOVETT,T

10/05/2017

24515080A3

Clay County SO

THOMPSON,J,K

KWAAK

09/25/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:53

# 1 0.198Subject Sample 04:54

2.339Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:56

# 2 0.204Subject Sample 04:57

3.320Breath Volume 04:57

0.000Air Blank 04:57

0.079Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/09/2016 09:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2109/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:54

Clay County SO

LLEWELLYN,D

10/05/2017

24515080A3

Clay County SO

JOHNSON,MATTHEW,P

MACLEOD

09/25/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1Subject Sample 01:02 No Sample Provided

0.000Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 10/09/2016 09:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:2809/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:29

Palm Beach County SO

FICARRA,CHRISTOPHER

06/17/2018

1870563

Palm Beach County SO

PARENT,GARY,J

DAVIS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:12

0.079Control Test 20:13

0.000Air Blank 20:13

# 1 0.253Subject Sample 20:16 Volume Not Met

0.664Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2Subject Sample 20:21 Subject Test Refused

0.000Breath Volume 20:21

0.000Air Blank 20:21

0.077Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 10/14/2016 12:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3309/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:52

Palm Beach County SO

HANTON,MELINDA

02/04/2019

279870

Palm Beach Gardens

BIGGS,JAMES,G

BATTAGLIA

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.097Subject Sample 00:46

2.386Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.095Subject Sample 00:48

2.914Breath Volume 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:55:1909/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:23

12:38

Palm Beach County SO

SCHOEFERLE,HANNES

02/04/2019

279870

Delray Beach PD

DORSEY,PAMELA,F

LAWRYNENKO

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:48

0.000Air Blank 13:48

0.081Control Test 13:49

0.000Air Blank 13:49

# 1 0.362Subject Sample 13:50

2.070Breath Volume 13:50

0.000Air Blank 13:51

0.000Air Blank 13:52

# 2 0.343Subject Sample 13:53

1.761Breath Volume 13:53

0.000Air Blank 13:54

0.080Control Test 13:54

0.000Air Blank 13:55

OKDiagnostics Check 13:55

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5009/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:31

Palm Beach County SO

TINEO,NELSON

02/04/2019

279870

FHP Troop K

DORSEY,PAMELA,F

TAYLOR

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

# 1 0.082Subject Sample 22:21

3.054Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.084Subject Sample 22:24

2.828Breath Volume 22:24

0.000Air Blank 22:24

0.081Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:5409/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:20

Palm Beach County SO

WALTON,THOMAS

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

INOCENTE ORTEGA

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

# 1 0.222Subject Sample 00:22

3.144Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.224Subject Sample 00:25

3.320Breath Volume 00:25

0.000Air Blank 00:25

0.080Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1009/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:58

Palm Beach County SO

LYNCH,GREGORY

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

SONES

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.081Control Test 02:55

0.000Air Blank 02:56

# 1 0.271Subject Sample 02:57

2.093Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.270Subject Sample 03:00

1.871Breath Volume 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:0009/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:56

Palm Beach County SO

KINGERY,TONY

02/04/2019

279870

FHP Troop L

DORSEY,PAMELA,F

BOISVERT

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.068Subject Sample 05:18

1.281Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:20

# 2 0.062Subject Sample 05:21

2.187Breath Volume 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:23

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:4009/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

07:15

Palm Beach County SO

MCVAY,ROBIN

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

TYLER

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:56

0.000Air Blank 07:56

0.081Control Test 07:56

0.000Air Blank 07:57

# 1 0.090Subject Sample 07:58

1.222Breath Volume 07:58

0.000Air Blank 07:58

0.000Air Blank 08:00

# 2 0.101Subject Sample 08:02

2.140Breath Volume 08:02

0.000Air Blank 08:02

0.081Control Test 08:03

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1709/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:30

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

LADINO CHAPARRO

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:25

# 1 0.155Subject Sample 00:29 Volume Not Met

0.355Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2Subject Sample 00:31 Subject Test Refused

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:04:2009/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

06:37

Palm Beach County SO

WILSON,CHRISTOPHER

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

PEREZ

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:57

0.000Air Blank 07:58

0.082Control Test 07:58

0.000Air Blank 07:59

# 1 0.163Subject Sample 07:59

2.699Breath Volume 07:59

0.000Air Blank 08:00

0.000Air Blank 08:02

# 2 0.157Subject Sample 08:02

2.917Breath Volume 08:02

0.000Air Blank 08:03

0.081Control Test 08:03

0.000Air Blank 08:04

OKDiagnostics Check 08:04

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:42:5209/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:42

08:18

Palm Beach County SO

JOHNSON,EDWIN

02/04/2019

279870

FHP Troop K

DORSEY,PAMELA,F

HAYNES

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:34

0.000Air Blank 10:35

0.081Control Test 10:35

0.000Air Blank 10:35

# 1 0.092Subject Sample 10:38

1.601Breath Volume 10:38

0.000Air Blank 10:38

0.000Air Blank 10:40

# 2 0.095Subject Sample 10:41

1.882Breath Volume 10:41

0.000Air Blank 10:41

0.081Control Test 10:42

0.000Air Blank 10:42

OKDiagnostics Check 10:42

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:3109/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

14:57

Palm Beach County SO

WRIGHT,SAMANTHA

02/04/2019

279870

Riviera Beach PD

DORSEY,PAMELA,F

MIGUEL-ESCALANTE

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:08

0.000Air Blank 16:09

0.081Control Test 16:09

0.000Air Blank 16:10

# 1 0.250Subject Sample 16:10

2.027Breath Volume 16:10

0.000Air Blank 16:11

0.000Air Blank 16:13

# 2 0.248Subject Sample 16:13

2.136Breath Volume 16:13

0.000Air Blank 16:14

0.080Control Test 16:14

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0109/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:12

Palm Beach County SO

LASSO,JAVIER

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

HERNANDEZ-LOPEZ

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

# 1 0.242Subject Sample 01:29

2.355Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.235Subject Sample 01:33

1.757Breath Volume 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:35

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3709/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:04

Palm Beach County SO

KERNER,JACQUELINE

02/04/2019

279870

Atlantis PD

OWEN,SUE,

MEJIA

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1 0.200Subject Sample 01:59

1.335Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.202Subject Sample 02:03

1.886Breath Volume 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1209/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:32

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

GOMEZ FLORES

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.169Subject Sample 03:22

3.125Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.174Subject Sample 03:25

3.042Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:48:2209/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:05

09:01

Palm Beach County SO

WHITE,EDWARD

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

SHATARA

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:36

0.000Air Blank 10:36

0.081Control Test 10:36

0.000Air Blank 10:37

# 1 0.170Subject Sample 10:40 Volume Not Met

0.160Breath Volume 10:40

0.000Air Blank 10:41

0.000Air Blank 10:43

# 2 0.192Subject Sample 10:43

2.144Breath Volume 10:43

0.000Air Blank 10:44

0.000Air Blank 10:46

# 3 0.197Subject Sample 10:46

2.437Breath Volume 10:46

0.000Air Blank 10:47

0.080Control Test 10:47

0.000Air Blank 10:48

OKDiagnostics Check 10:48

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:3409/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:37

Palm Beach County SO

WALDKOETTER,ELIZABETH

02/04/2019

279870

Lantana PD

OWEN,SUE,

SPIVACK

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.081Control Test 22:25

0.000Air Blank 22:25

# 1 0.000Subject Sample 22:26

2.437Breath Volume 22:26

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.000Subject Sample 22:29

2.210Breath Volume 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0709/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:30

Palm Beach County SO

SENTMANAT,ADOLFO

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

BALA-GARCIA

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.225Subject Sample 01:21

2.218Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.219Subject Sample 01:24

3.074Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5109/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:58

Palm Beach County SO

LEVEY,SCOTT

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

HEWITT

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.000Subject Sample 01:55

2.035Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.000Subject Sample 01:58

2.000Breath Volume 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2409/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:26

Palm Beach County SO

LEE,LAMONT

02/04/2019

279870

Palm Beach PD

OWEN,SUE,

BAKER JR

08/05/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.082Control Test 05:24

0.000Air Blank 05:25

# 1 0.149Subject Sample 05:25

3.121Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.155Subject Sample 05:28

3.511Breath Volume 05:28

0.000Air Blank 05:29

0.081Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 09/09/2016 12:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2309/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:45

Palm Beach County SO

WALTON,THOMAS

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

JACKSON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:35

# 1 0.065Subject Sample 04:35

1.507Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.071Subject Sample 04:38

1.582Breath Volume 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 10/14/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:2509/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

02:26

Palm Beach County SO

FROMMER,JOSEPH

02/04/2019

279870

Lantana PD

OWEN,SUE,

RAMOS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

# 1 0.195Subject Sample 05:51

1.347Breath Volume 05:51

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.191Subject Sample 05:54

2.242Breath Volume 05:54

0.000Air Blank 05:55

0.080Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 10/14/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3909/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:22

Palm Beach County SO

ALONSO,NICHOLAS

02/04/2019

279870

Palm Springs PD

PARENT,GARY,J

ETTER

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.081Control Test 23:07

0.000Air Blank 23:08

# 1 0.000Subject Sample 23:08

3.292Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.000Subject Sample 23:12

3.589Breath Volume 23:12

0.000Air Blank 23:12

0.081Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 10/14/2016 16:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0109/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:02

Palm Beach County SO

PUJOL,JESUS

02/04/2019

279870

Palm Beach County SO

CAIN,JEANETTE,

COLUCCI

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.095Subject Sample 01:21

2.968Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.090Subject Sample 01:24

2.621Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:26

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0409/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:09

Palm Beach County SO

WALTON,THOMAS

02/04/2019

279870

Palm Beach County SO

PARENT,GARY,J

FERGUSON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.082Control Test 22:50

0.000Air Blank 22:51

# 1 0.160Subject Sample 22:51

2.421Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.144Subject Sample 22:55

2.144Breath Volume 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:57

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:3009/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:48

Palm Beach County SO

FICARRA,CHRISTOPHER

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

PEREZ BERDUO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.081Control Test 23:51

0.000Air Blank 23:52

# 1 0.235Subject Sample 23:53

1.187Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.243Subject Sample 23:57

1.589Breath Volume 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5309/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:00

Palm Beach County SO

FICARRA,CHRISTOPHER

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

CHRISTON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.081Control Test 02:47

0.000Air Blank 02:48

# 1 0.000Subject Sample 02:48

1.953Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.000Subject Sample 02:51

2.312Breath Volume 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2009/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:13

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

VELASQUEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:57

# 1 0.282Subject Sample 22:58

1.812Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.283Subject Sample 23:01

1.500Breath Volume 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3009/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:54

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

DEL CASTILLO GONZALE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.081Control Test 04:39

0.000Air Blank 04:40

# 1 0.175Subject Sample 04:41

2.316Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.177Subject Sample 04:44

2.941Breath Volume 04:44

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:18:1909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:48

07:22

Palm Beach County SO

RIEGER,MITCHELL

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

SOLANO-HERNANDEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:11

0.000Air Blank 08:12

0.081Control Test 08:12

0.000Air Blank 08:13

# 1 0.113Subject Sample 08:13

2.757Breath Volume 08:13

0.000Air Blank 08:14

0.000Air Blank 08:16

# 2 0.115Subject Sample 08:16

2.824Breath Volume 08:16

0.000Air Blank 08:17

0.081Control Test 08:17

0.000Air Blank 08:18

OKDiagnostics Check 08:18

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3109/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:19

Palm Beach County SO

SERRAES,BRANDON

02/04/2019

279870

Palm Beach County SO

PARENT,GARY,J

THOMPSON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:39

# 1 0.240Subject Sample 03:41

2.480Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.230Subject Sample 03:44

2.433Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:2309/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:02

Palm Beach County SO

WHITE,E. KEITH

02/04/2019

279870

Palm Beach County SO

CAIN,JEANETTE,

RUIZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.208Subject Sample 23:00

2.671Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.203Subject Sample 23:03

1.382Breath Volume 23:03

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2309/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:00

Palm Beach County SO

GRUEBEL,KARL

02/04/2019

279870

FHP Troop K

PARENT,GARY,J

HUNT

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3409/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:11

Palm Beach County SO

GEE,JOHN

02/04/2019

279870

Palm Springs PD

O'NEAL,SHARI,L

BERGSON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:52

# 1 0.105Subject Sample 00:55

1.613Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.101Subject Sample 00:58

1.972Breath Volume 00:58

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0309/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:39

Palm Beach County SO

SAYIH,ROBERT

02/04/2019

279870

FHP Troop L

O'NEAL,SHARI,L

MELENDEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:26

# 1 0.153Subject Sample 03:26

1.238Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.160Subject Sample 03:29

1.160Breath Volume 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:31

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:3109/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:12

Palm Beach County SO

WALTON,THOMAS

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

MARTINEZ TABARES

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.080Control Test 04:58

0.000Air Blank 04:59

# 1 0.158Subject Sample 05:00

1.449Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.150Subject Sample 05:03

1.406Breath Volume 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:5709/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:20

Palm Beach County SO

CHIQUITO
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,

HERNANDEZ GONZALEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.081Control Test 01:08

0.000Air Blank 01:09

# 1 0.186Subject Sample 01:10

2.851Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.181Subject Sample 01:13

2.914Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0909/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:52

Palm Beach County SO

GRUEBEL,KARL

02/04/2019

279870

FHP Troop K

O'NEAL,SHARI,L

ANDRADE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.138Subject Sample 03:47

1.214Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.134Subject Sample 03:50

1.570Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:28:2609/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

05:55

Palm Beach County SO

FREY,JACOB

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

BRADLEY

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:22

0.000Air Blank 07:22

0.081Control Test 07:22

0.000Air Blank 07:23

# 1 0.141Subject Sample 07:23

2.875Breath Volume 07:23

0.000Air Blank 07:24

0.000Air Blank 07:26

# 2 0.143Subject Sample 07:26

3.078Breath Volume 07:26

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:28

OKDiagnostics Check 07:28

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:2009/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:11

Palm Beach County SO

ISHAM,MATTHEW

02/04/2019

279870

Juno Beach PD

O'NEAL,SHARI,L

GAITAN BRIONES

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

# 1 0.203Subject Sample 23:20

1.148Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.201Subject Sample 23:24

1.359Breath Volume 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1109/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:15

Palm Beach County SO

ALONSO,NICHOLAS

02/04/2019

279870

Palm Springs PD

OWEN,SUE,

VALLE PEREZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

# 1 0.107Subject Sample 23:54 Volume Not Met

0.183Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:0809/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:09

Palm Beach County SO

JUNG,JASON

02/04/2019

279870

Palm Beach Gardens

O'NEAL,SHARI,L

WEINDORF

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:03

# 1 0.259Subject Sample 01:04

1.792Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.257Subject Sample 01:07

2.078Breath Volume 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:1009/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

17:23

Palm Beach County SO

CHAPARRO,CARLOS

02/04/2019

279870

Jupiter PD

CAIN,JEANETTE,

DENEERGAARD

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.081Control Test 18:41

0.000Air Blank 18:41

# 1 0.078Subject Sample 18:45 Volume Not Met

0.019Breath Volume 18:45

0.000Air Blank 18:45

0.000Air Blank 18:47

# 2 0.109Subject Sample 18:48

2.195Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 3 0.102Subject Sample 18:51

1.746Breath Volume 18:51

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:0609/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:35

Palm Beach County SO

JOSEPH,J

02/04/2019

279870

Palm Beach County SO

CAIN,JEANETTE,

SOLIS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.081Control Test 18:46

0.000Air Blank 18:47

# 1 0.000Subject Sample 18:48

3.015Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.000Subject Sample 18:51

2.058Breath Volume 18:51

0.000Air Blank 18:52

0.081Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:0409/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:56

13:33

Palm Beach County SO

ARANGO,JOSE

02/04/2019

279870

Jupiter PD

CAIN,JEANETTE,

RINKER

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:19

0.000Air Blank 17:20

0.081Control Test 17:20

0.000Air Blank 17:21

# 1 0.230Subject Sample 17:22

2.378Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:24

# 2 0.233Subject Sample 17:25

2.464Breath Volume 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:26

OKDiagnostics Check 17:27

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:5209/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:30

Palm Beach County SO

DILLARD,DANIEL

02/04/2019

279870

West Palm Beach PD

CAIN,JEANETTE,

RICE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.081Control Test 18:21

0.000Air Blank 18:22

# 1 0.303Subject Sample 18:22

1.921Breath Volume 18:22

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.296Subject Sample 18:26

1.886Breath Volume 18:26

0.000Air Blank 18:26

0.080Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 10/14/2016 16:04

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:32:5909/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:01

12:40

Volusia County SO

ZIGLER,RICK

12/10/2018

203498

FHP Troop D

PECK,KEITH,D

LAUGHMAN

08/24/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:30

0.000Air Blank 13:30

0.079Control Test 13:30

0.000Air Blank 13:31

# 1Subject Sample 13:31 Subject Test Refused

0.000Breath Volume 13:31

0.000Air Blank 13:32

0.079Control Test 13:32

0.000Air Blank 13:32

OKDiagnostics Check 13:32

Data Download Date/Time: 09/15/2016 08:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:44:5609/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:17

07:46

Volusia County SO

BRYAN,STEVEN

12/10/2018

203498

Volusia County SO

BRYAN,STEVEN,A

PAYNE

08/24/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:37

0.000Air Blank 08:37

0.080Control Test 08:38

0.000Air Blank 08:38

# 1 0.077Subject Sample 08:40

2.152Breath Volume 08:40

0.000Air Blank 08:40

0.000Air Blank 08:42

# 2 0.072Subject Sample 08:43

2.140Breath Volume 08:43

0.000Air Blank 08:44

0.079Control Test 08:44

0.000Air Blank 08:44

OKDiagnostics Check 08:44

Data Download Date/Time: 09/15/2016 08:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:1109/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

04:39

Volusia County SO

ROBINSON,IVAN

12/10/2018

203498

FHP Troop D

CALKINS,BRIAN,M

PATTERSON

09/15/2016

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:13

0.000Air Blank 06:13

0.080Control Test 06:14

0.000Air Blank 06:14

# 1 0.133Subject Sample 06:15

1.734Breath Volume 06:15

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.124Subject Sample 06:18

1.207Breath Volume 06:18

0.000Air Blank 06:19

0.079Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 10/19/2016 22:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2309/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:36

Alachua County SO

HUTCHINSON,ERIC

06/05/2017

13115080A1

Alachua County SO

SIRCAR,ANURADHA,

SIRCAR

08/17/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.078Control Test 04:57

0.000Air Blank 04:57

# 1 0.082Subject Sample 04:58

2.250Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.077Subject Sample 05:01

1.953Breath Volume 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 09/21/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:0109/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

04:08

04:08

Gainesville PD

N/A,N/A

06/05/2017

13115080A1

Gainesville PD

STEMEN,AARON,M

SMITH

08/17/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

# 1 0.118Subject Sample 04:31

2.308Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.114Subject Sample 04:34

1.976Breath Volume 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:36

Data Download Date/Time: 09/21/2016 21:58

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5809/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:55

Hendry County SO

KIRK,NATHAN

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

MCKENZIE

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

Air Blank 22:17 RFI Detect

0.000Air Blank 22:17

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0509/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:55

Hendry County SO

KIRK,NATHAN

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

MCKENZIE

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.076Control Test 22:23

0.000Air Blank 22:24

# 1 0.223Subject Sample 22:25

2.714Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:27

# 2 0.216Subject Sample 22:28

1.839Breath Volume 22:28

0.000Air Blank 22:29

0.077Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:5309/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:39

Hendry County SO

CAMERON,DAVID

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

ECHEVESTE

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.076Control Test 06:06

0.000Air Blank 06:06

# 1Subject Sample 06:08 Subject Test Refused

0.000Breath Volume 06:08

0.000Air Blank 06:08

0.078Control Test 06:09

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3809/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:48

Hendry County SO

LOPEZ,VERONICA

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

GOMEZ-FLORES

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.075Control Test 02:53

0.000Air Blank 02:54

# 1 0.142Subject Sample 02:57 Volume Not Met

0.031Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.139Subject Sample 03:01

1.535Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 3 0.143Subject Sample 03:05

1.902Breath Volume 03:05

0.000Air Blank 03:06

0.074Control Test 03:07 Control Outside Tolerance

0.000Air Blank 03:07

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5909/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:48

Hendry County SO

LOPEZ,VICTORIA

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

FLORES-GOMEZ

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.076Control Test 03:11

0.000Air Blank 03:12

# 1 0.153Subject Sample 03:13

3.164Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.156Subject Sample 03:16

3.562Breath Volume 03:16

0.000Air Blank 03:17

0.076Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:2109/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:54

Hendry County SO

REED,MICHAEL

03/05/2017

05115080A5

FHP Troop F

CAMERON,DAVID,J

HOLLOWAY

08/29/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.075Control Test 23:28

0.000Air Blank 23:29

# 1 0.235Subject Sample 23:30

2.554Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.218Subject Sample 23:33

3.296Breath Volume 23:33

0.000Air Blank 23:34

0.076Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 09/28/2016 15:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0809/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

20:48

Hendry County SO

LOPEZ,VERONICA

03/05/2017

05115080A5

Hendry County SO

ELVER,GEORGE,T

MILLER

09/28/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.076Control Test 23:03

0.000Air Blank 23:03

# 1 0.000Subject Sample 23:04

1.515Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.000Subject Sample 23:07

1.363Breath Volume 23:07

0.000Air Blank 23:08

0.077Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 10/26/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006386CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:2109/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:48

Hendry County SO

CAMERON,DAVID

03/05/2017

05115080A5

Hendry County SO

CAMERON,DAVID,J

RODRIQUEZ

09/28/2016

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.076Control Test 22:18

0.000Air Blank 22:18

# 1 0.081Subject Sample 22:19

2.757Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.074Subject Sample 22:22

1.351Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 10/26/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:5409/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:48

Escambia County SO

MEEKS,JEREMIAH

03/05/2017

05115080A5

Escambia County SO

MEEKS,JEREMIAH,S

CARPENTER

09/06/2016

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.078Control Test 20:36

0.000Air Blank 20:36

# 1Subject Sample 20:39 No Sample Provided

0.000Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2Subject Sample 20:42 Subject Test Refused

0.000Breath Volume 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 10/24/2016 07:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:1609/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:30

20:48

FFWCC (West Palm)

YANEZ,RANDY

12/10/2018

203498

FFWCC (West Palm)

RODRIGUEZ,ROBERTO,

LEYVA

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:53 Subject Test Refused

0.000Breath Volume 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:3509/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:23

Miami PD

HERNANDEZ,CAMILO

12/10/2018

203498

Miami PD

GUERRERO,RAFAEL,M

GUTIERREZ

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:2909/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

16:56

Miami PD

CHESTER,CHARLES

12/10/2018

203498

Miami PD

CHESTER,CHARLES,W

MELGAR

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.078Control Test 17:42

0.000Air Blank 17:43

# 1 0.257Subject Sample 17:44

1.300Breath Volume 17:44

0.000Air Blank 17:45

0.000Air Blank 17:46

# 2Subject Sample 17:47 Subject Test Refused

0.000Breath Volume 17:47

0.000Air Blank 17:47

0.078Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5309/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:09

Miami PD

LOPEZ,ARIEL

12/10/2018

203498

Miami PD

LOPEZ,ARIEL,

BUSTILLO

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.000Subject Sample 01:22

1.890Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:25

1.453Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:2009/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:53

07:19

Miami PD

MONTAS,G.

12/10/2018

203498

Miami PD

PASTOR,JOSE,F

SUAZO

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:25

0.080Control Test 08:25

0.000Air Blank 08:26

# 1 0.170Subject Sample 08:27

1.253Breath Volume 08:27

0.000Air Blank 08:28

0.000Air Blank 08:29

# 2 0.171Subject Sample 08:30

1.777Breath Volume 08:30

0.000Air Blank 08:31

0.080Control Test 08:31

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:1909/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:58

Miami PD

CASTILLO,I

12/10/2018

203498

Miami PD

WHITEHEAD,TEQUILLA,L

SHENDO-VERDE

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

# 1 0.198Subject Sample 21:49

2.785Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2Subject Sample 21:51 Subject Test Refused

0.000Breath Volume 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1609/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:53

Miami PD

PAZ,JOSE

12/10/2018

203498

Miami PD

VAZQUEZ,JONATHAN,L

CONTRERAS

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4709/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:53

Miami PD

VARGAS,CAROL

12/10/2018

203498

Miami PD

TADLOCK,JAYNIS,L

NGUYEN

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

# 1 0.226Subject Sample 01:47

2.261Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.248Subject Sample 01:50

3.101Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 3 0.246Subject Sample 01:53

1.960Breath Volume 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0009/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:20

Miami PD

CASTILLO,GEORGE

12/10/2018

203498

Miami PD

CASTILLO,GEORGE,

AGUIRRE

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:01

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1309/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

22:15

Miami PD

CARTAGENA,JAVIER

12/10/2018

203498

Miami PD

CARTAGENA,JAVIER,

PEREZ RAMIREZ

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.079Control Test 22:19

0.000Air Blank 22:20

# 1 0.180Subject Sample 22:20

1.316Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.187Subject Sample 22:24

2.089Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2809/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:33

Miami PD

PALOMINO,JULIO

12/10/2018

203498

Miami PD

MENA,ALEXANDER,

LOPEZ

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

# 1 0.163Subject Sample 02:03 Volume Not Met

0.265Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.191Subject Sample 02:07

1.304Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 3 0.165Subject Sample 02:12 Volume Not Met

0.785Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5309/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:33

Miami PD

PALOMINO,JULIO

12/10/2018

203498

Miami PD

MENA,ALEXANDER,

LOPEZ

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

# 1 0.182Subject Sample 02:22

1.972Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.189Subject Sample 02:27

2.351Breath Volume 02:27

0.000Air Blank 02:27

0.077Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4409/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:13

Miami PD

CARDELLE,ORLANDO

12/10/2018

203498

Miami PD

CARDELLE,ORLANDO,

MCCOMBS

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:12:5909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:23

09:10

Miami PD

CALDERON,HERVEY

12/10/2018

203498

Miami PD

CALDERON,HERVEY,

CESPEDES

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:07

0.080Control Test 10:08

0.000Air Blank 10:08

# 1Subject Sample 10:11 Subject Test Refused

0.000Breath Volume 10:11

0.000Air Blank 10:12

0.080Control Test 10:12

0.000Air Blank 10:12

OKDiagnostics Check 10:12

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4609/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:21

Miami PD

RUBIO,R

12/10/2018

203498

Miami PD

PERROTTA,J,G

GISPERT

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.080Control Test 19:17

0.000Air Blank 19:18

# 1 0.000Subject Sample 19:18

1.968Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.000Subject Sample 19:21

1.933Breath Volume 19:21

0.000Air Blank 19:21

0.082Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:5209/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:21

Miami PD

RUBIO,ROBERTO

12/10/2018

203498

Miami PD

PERROTTA,JUAN,G

GISPERT

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

# 1 0.000Subject Sample 19:34

1.417Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.000Subject Sample 19:37

1.492Breath Volume 19:37

0.000Air Blank 19:37

0.081Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1109/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:31

Miami PD

VAZQUEZ,JONATHAN

12/10/2018

203498

Miami PD

PALOMINO,JULIO,

YEPSEN

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1Subject Sample 01:28 Subject Test Refused

0.000Breath Volume 01:28

Air Blank 01:28 RFI Detect

0.000Air Blank 01:29

Data Download Date/Time: 09/22/2016 17:39

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:14:2509/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:42

09:25

Miami PD

MCNAIR,K

12/10/2018

203498

Miami PD

PASTOR,JOSE,F

BONITO

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:11

0.000Air Blank 10:11

0.080Control Test 10:12

0.000Air Blank 10:12

# 1Subject Sample 10:13 Subject Test Refused

0.000Breath Volume 10:13

0.000Air Blank 10:13

0.080Control Test 10:13

0.000Air Blank 10:14

OKDiagnostics Check 10:14

Data Download Date/Time: 09/22/2016 17:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:28:4009/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

11:00

Miami PD

DIAZ,LEONARDO

12/10/2018

203498

Miami PD

DIAZ,LEONARDO,A

APA

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:22

0.000Air Blank 12:23

0.077Control Test 12:23

0.000Air Blank 12:23

# 1 0.000Subject Sample 12:24

3.644Breath Volume 12:24

0.000Air Blank 12:24

0.000Air Blank 12:26

# 2 0.000Subject Sample 12:27

3.621Breath Volume 12:27

0.000Air Blank 12:27

0.080Control Test 12:28

0.000Air Blank 12:28

OKDiagnostics Check 12:28

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0009/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:52

Miami PD

HERNANDEZ,JASIEL

12/10/2018

203498

Miami PD

HERNANDEZ,JASIEL,

VELASQUEZ

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:20

# 1 0.136Subject Sample 02:21

3.066Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.141Subject Sample 02:24

3.253Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:26

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2109/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:34

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

TARGIA,FRANK,

VARGAS

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:00 Subject Test Refused

0.000Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:4509/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:30

Miami PD

MUINA,RAFAEL

12/10/2018

203498

Miami PD

VAZQUEZ,JONATHAN,L

MONTERO FARIAS

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

# 1 0.115Subject Sample 01:20

2.210Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.113Subject Sample 01:23

2.218Breath Volume 01:23

0.000Air Blank 01:23

0.077Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:5209/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

16:40

Miami PD

CANTERO,DANIEL

12/10/2018

203498

Miami PD

CANTERO,DANIEL,J

HERNANDEZ

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.080Control Test 17:49

0.000Air Blank 17:49

# 1Subject Sample 17:50 Subject Test Refused

0.000Breath Volume 17:50

0.000Air Blank 17:50

0.080Control Test 17:51

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0309/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:18

Miami PD

HERNANDEZ,JASIEL

12/10/2018

203498

Miami PD

PALOMINO,JULIO,

VAZQUEZ

09/22/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:51

# 1 0.007Subject Sample 04:55 Volume Not Met

0.175Breath Volume 04:55

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.009Subject Sample 04:58

1.386Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

05:00 RFI Detect

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 10/13/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:1209/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:15

Miami PD

ORTIZ,JOSHUA

12/10/2018

203498

Miami PD

ORTIZ,JOSHUA,L

SHARMA

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:37

0.000Air Blank 07:38

0.081Control Test 07:38

0.000Air Blank 07:38

# 1 0.134Subject Sample 07:39

1.648Breath Volume 07:39

0.000Air Blank 07:40

0.000Air Blank 07:41

# 2 0.134Subject Sample 07:42

2.062Breath Volume 07:42

0.000Air Blank 07:43

0.078Control Test 07:43

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2409/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:31

Miami PD

HERRERA,JUAN

12/10/2018

203498

Miami PD

HERRERA,JUAN,

RICO QUISPE

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:07

# 1 0.234Subject Sample 00:08

2.781Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.242Subject Sample 00:11

2.929Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:2009/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:23

Miami PD

TELLEZ,BARNARD

12/10/2018

203498

Miami PD

TELLEZ,BARNARD,J

MOURE

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:47

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:1409/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:43

14:10

Miami PD

PEREZ,JOSHUA

12/10/2018

203498

Miami PD

PEREZ,JOSHUA,

PRIETO

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.080Control Test 15:05

0.000Air Blank 15:06

# 1 0.252Subject Sample 15:07

1.472Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:09

# 2 0.257Subject Sample 15:10

2.039Breath Volume 15:10

0.000Air Blank 15:11

0.078Control Test 15:11

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4309/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:24

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

TARGIA,FRANK,

ELLINGTON

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1Subject Sample 04:04 No Sample Provided

0.000Breath Volume 04:04

Air Blank 04:05 Improper Sample

0.000Air Blank 04:05

0.081Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1109/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:24

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

TARGIA,FRANK,

ELLINGTON

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:53:2509/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:26

09:30

Miami PD

DEDE,EDDY

12/10/2018

203498

Miami PD

DEDE,EDDY,

FRIAS

08/11/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:47

0.000Air Blank 10:47

0.080Control Test 10:47

0.000Air Blank 10:48

# 1 0.220Subject Sample 10:48

4.003Breath Volume 10:48

0.000Air Blank 10:49

0.000Air Blank 10:51

# 2 0.212Subject Sample 10:51

3.011Breath Volume 10:51

0.000Air Blank 10:52

0.077Control Test 10:52

0.000Air Blank 10:53

OKDiagnostics Check 10:53

Data Download Date/Time: 09/22/2016 17:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:3709/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:49

Key West PD

RODRIGUEZ,ALEX

06/05/2017

091602

Key West PD

RODRIGUEZ,ALEX,

HOFF

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.076Control Test 23:55

0.000Air Blank 23:56

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:57

0.076Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 09/16/2016 02:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:1609/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:38

17:12

Key West PD

BETZ,FRANK

06/05/2017

13115080A2

Key West PD

BETZ,FRANK,L

SULLINGER

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

Air Blank 18:09 RFI Detect

Air Blank 18:10 RFI Detect

Data Download Date/Time: 09/16/2016 02:53

06 June 2018

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:0909/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:38

17:12

Key West PD

BETZ,FRANK

06/05/2017

13115080A2

Key West PD

BETZ,FRANK,L

SULLINGER

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:12

0.000Air Blank 18:12

0.077Control Test 18:13

0.000Air Blank 18:13

# 1Subject Sample 18:14 Subject Test Refused

0.000Breath Volume 18:14

0.000Air Blank 18:15

0.077Control Test 18:15

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 09/16/2016 02:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:2909/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:08

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

TERRACINA

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:05

0.077Control Test 19:05

0.000Air Blank 19:06

# 1 0.215Subject Sample 19:06

2.882Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.194Subject Sample 19:09

1.425Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 3 0.200Subject Sample 19:12

1.957Breath Volume 19:12

0.000Air Blank 19:13

0.076Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 09/16/2016 02:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1009/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:30

Key West PD

HOPP,AUSTIN

06/05/2017

091602

Monroe County SO

YOUNG,JESSE,A

BEBON

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.077Control Test 01:57

0.000Air Blank 01:58

# 1 0.166Subject Sample 01:58

2.707Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.171Subject Sample 02:01

2.613Breath Volume 02:01

0.000Air Blank 02:02

0.077Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 09/16/2016 02:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:1709/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:52

14:52

Key West PD

MOELLER,JENNA

06/05/2017

091602

Monroe County SO

PETTEE,MICHAEL,E

FRY

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:18

0.000Air Blank 15:18

0.077Control Test 15:19

0.000Air Blank 15:19

# 1 0.091Subject Sample 15:20

1.425Breath Volume 15:20

0.000Air Blank 15:21

0.000Air Blank 15:23

# 2 0.085Subject Sample 15:24

1.484Breath Volume 15:24

0.000Air Blank 15:25

0.074Control Test 15:25 Control Outside Tolerance

0.000Air Blank 15:26

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0809/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:07

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

RAYMOND

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:54

# 1 0.187Subject Sample 01:55

3.226Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:57

# 2 0.180Subject Sample 01:58

2.964Breath Volume 01:58

0.000Air Blank 01:59

0.077Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3409/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:48

Key West PD

YOUNG,JESSE

06/05/2017

091602

Key West PD

YOUNG,JESSE,A

DOTSON

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

# 1Subject Sample 03:32 No Sample Provided

0.000Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2Subject Sample 03:38 No Sample Provided

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.078Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5409/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:25

Key West PD

RODRIGUEZ,ALEX

06/05/2017

091602

Key West PD

RODRIGUEZ,ALEX,

MARSH

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.074Control Test 04:02 Control Outside Tolerance

0.000Air Blank 04:02

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4009/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:25

Key West PD

RODRIGUEZ,ALEX

06/05/2017

091602

Key West PD

RODRIGUEZ,ALEX,

MARSH

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.077Control Test 04:06

0.000Air Blank 04:06

# 1 0.220Subject Sample 04:07

1.847Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.206Subject Sample 04:09

1.585Breath Volume 04:09

0.000Air Blank 04:10

0.075Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:3209/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:28

Key West PD

CONATY,JT

06/05/2017

091602

Key West PD

RODRIGUEZ,ALEX,

GONZALEZ

08/14/2016

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.077Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.077Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 09/16/2016 02:54

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5909/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:42

Village of Pinecrest

CRUZ,EDISON

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,

OUTUMURO

08/17/2016

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.076Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:08

0.076Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 09/09/2016 09:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:38:2309/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

07:35

Broward County SO

JN LOUIS,FRANCKY

01/05/2018

34015080A3

OTHER State

MEDINA,MARMILLY,

COULANGES

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:31

0.000Air Blank 09:31

0.079Control Test 09:32

0.000Air Blank 09:32

# 1 0.124Subject Sample 09:33

1.449Breath Volume 09:33

0.000Air Blank 09:33

0.000Air Blank 09:35

# 2 0.118Subject Sample 09:36

1.550Breath Volume 09:36

0.000Air Blank 09:37

0.079Control Test 09:37

0.000Air Blank 09:38

OKDiagnostics Check 09:38

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:14:0409/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:45

07:52

Broward County SO

KAPLAN,SAMANTHA

01/05/2018

34015080A3

Miramar PD

MEDINA,MARMILLY,

MAYBANK

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:08

0.078Control Test 10:08

0.000Air Blank 10:08

# 1 0.185Subject Sample 10:09

1.988Breath Volume 10:09

0.000Air Blank 10:10

0.000Air Blank 10:11

# 2 0.168Subject Sample 10:12

1.292Breath Volume 10:12

0.000Air Blank 10:13

0.078Control Test 10:13

0.000Air Blank 10:13

OKDiagnostics Check 10:14

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:55:3909/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:22

13:42

Broward County SO

WASHINGTON,YVETTE

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

RUSHTON

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:49

0.000Air Blank 14:50

0.079Control Test 14:50

0.000Air Blank 14:50

# 1 0.000Subject Sample 14:51

2.480Breath Volume 14:51

0.000Air Blank 14:51

0.000Air Blank 14:53

# 2 0.000Subject Sample 14:54

1.863Breath Volume 14:54

0.000Air Blank 14:54

0.079Control Test 14:55

0.000Air Blank 14:55

OKDiagnostics Check 14:55

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:56:3509/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:35

Broward County SO

FERRI,THOMAS

01/05/2018

34015080A3

Fort Lauderdale PD

HARNANDAN,INDROWTIE,

WILSON

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:44

0.000Air Blank 10:45

0.079Control Test 10:45

0.000Air Blank 10:46

# 1 0.205Subject Sample 10:49 Volume Not Met

0.054Breath Volume 10:49

0.000Air Blank 10:49

0.000Air Blank 10:51

# 2 0.253Subject Sample 10:54 Slope Not Level

1.375Breath Volume 10:54

0.000Air Blank 10:55

0.078Control Test 10:55

0.000Air Blank 10:56

OKDiagnostics Check 10:56

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:12:3109/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:35

Broward County SO

FERRI,THOMAS

01/05/2018

34015080A3

Fort Lauderdale PD

HARNANDAN,INDROWTIE,

WILSON

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:01

0.000Air Blank 11:02

0.077Control Test 11:02

0.000Air Blank 11:03

# 1 0.248Subject Sample 11:05

1.523Breath Volume 11:05

0.000Air Blank 11:06

0.000Air Blank 11:08

# 2Subject Sample 11:10 Subject Test Refused

0.570Breath Volume 11:10

0.000Air Blank 11:11

0.076Control Test 11:11

0.000Air Blank 11:12

OKDiagnostics Check 11:12

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0309/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:59

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

GRAY,SANDRA,

MONTOYA

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.078Control Test 22:58

0.000Air Blank 22:58

# 1 0.000Subject Sample 22:59

3.136Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.000Subject Sample 23:02

3.003Breath Volume 23:02

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 10/19/2016 11:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:3609/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:45

Broward County SO

MAHER,KASEY

01/05/2018

34015080A3

Sunrise PD

GRAY,SANDRA,

RIVERA

09/24/2016

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.078Control Test 21:43

0.000Air Blank 21:43

# 1 0.139Subject Sample 21:44

1.691Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.138Subject Sample 21:46

1.640Breath Volume 21:46

0.000Air Blank 21:47

0.078Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 10/19/2016 11:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5809/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:27

Palm Beach County SO

PANCZAK,BRIAN

02/04/2019

279870

Jupiter PD

DORSEY,PAMELA,F

WEAVER

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.081Control Test 20:41

0.000Air Blank 20:41

# 1 0.083Subject Sample 20:44

1.351Breath Volume 20:44

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.092Subject Sample 20:47

1.296Breath Volume 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 10/14/2016 12:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:2909/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:22

Palm Beach County SO

JOHNSON,EDWIN

02/04/2019

279870

FHP Troop K

BIGGS,JAMES,G

COLLIS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

# 1 0.214Subject Sample 23:11

2.046Breath Volume 23:11

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.203Subject Sample 23:13

1.304Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 10/14/2016 12:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1409/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:35

Palm Beach County SO

BORROWS,ANDREW

02/04/2019

279870

Jupiter PD

BIGGS,JAMES,G

RALJEVIC

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.064Subject Sample 04:44

3.335Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.067Subject Sample 04:47

3.816Breath Volume 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:2309/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:48

Palm Beach County SO

ORTEGA,RICARDO

02/04/2019

279870

Palm Springs PD

DORSEY,PAMELA,F

GONZALEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.081Control Test 19:32

0.000Air Blank 19:33

# 1 0.187Subject Sample 19:34

2.210Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:36

# 2 0.177Subject Sample 19:37

1.863Breath Volume 19:37

0.000Air Blank 19:38

0.080Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:1509/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:02

Palm Beach County SO

POINTU,PATRICK

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

PAINTER

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.080Control Test 20:18

0.000Air Blank 20:18

# 1 0.219Subject Sample 20:19

2.593Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.217Subject Sample 20:22

2.816Breath Volume 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4809/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:27

Palm Beach County SO

CHIQUITO
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

MADENFORT

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:23

1.386Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:26

1.753Breath Volume 02:26

0.000Air Blank 02:26

0.081Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2809/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:08

Palm Beach County SO

TINEO,NELSON

02/04/2019

279870

FHP Troop K

O'NEAL,SHARI,L

GROGAN

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1 0.145Subject Sample 02:55

1.351Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.143Subject Sample 02:58

1.371Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:4509/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:13

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

O'NEAL,SHARI,L

LOPEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

# 1 0.203Subject Sample 04:05

2.878Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.201Subject Sample 04:08

1.175Breath Volume 04:08

0.000Air Blank 04:08

0.081Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:5209/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

13:39

Palm Beach County SO

RIEGER,MITCHELL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

GURGANIAN

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:36

0.000Air Blank 15:37

0.081Control Test 15:37

0.000Air Blank 15:38

# 1 0.118Subject Sample 15:39

3.218Breath Volume 15:39

0.000Air Blank 15:39

0.000Air Blank 15:41

# 2 0.119Subject Sample 15:42

2.839Breath Volume 15:42

0.000Air Blank 15:42

0.081Control Test 15:43

0.000Air Blank 15:43

OKDiagnostics Check 15:43

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:1309/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

14:56

Palm Beach County SO

STRINE,MICHAEL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

SCHIELE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.082Control Test 17:00

0.000Air Blank 17:01

# 1 0.168Subject Sample 17:04

1.253Breath Volume 17:04

0.000Air Blank 17:04

0.000Air Blank 17:06

# 2 0.170Subject Sample 17:08

1.628Breath Volume 17:08

0.000Air Blank 17:09

0.080Control Test 17:09

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:06:5209/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

08:43

Palm Beach County SO

STRINE,MICHAEL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

HARDING

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:59

0.000Air Blank 10:00

0.081Control Test 10:00

0.000Air Blank 10:01

# 1 0.154Subject Sample 10:02

3.289Breath Volume 10:02

0.000Air Blank 10:02

0.000Air Blank 10:04

# 2 0.151Subject Sample 10:05

3.300Breath Volume 10:05

0.000Air Blank 10:05

0.080Control Test 10:06

0.000Air Blank 10:06

OKDiagnostics Check 10:06

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0909/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:46

Palm Beach County SO

DEFRANCO,JERRY

02/04/2019

279870

Delray Beach PD

BIGGS,JAMES,G

KORTON

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:05

# 1 0.169Subject Sample 00:06

2.007Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.168Subject Sample 00:09

1.710Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1109/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:18

Palm Beach County SO

BORROWS,ANDREW

02/04/2019

279870

Jupiter PD

DORSEY,PAMELA,F

RAMIREZ-RODRIGUEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:27

# 1 0.134Subject Sample 23:28

2.777Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.134Subject Sample 23:31

3.175Breath Volume 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0209/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:28

Palm Beach County SO

CHIQUITA
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

CHRISTIE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:38

0.000Air Blank 02:38

# 1 0.134Subject Sample 02:39

1.355Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:41

# 2 0.130Subject Sample 02:42

1.566Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:44

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0909/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:39

Palm Beach County SO

MIRANDA,ALFONSO

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

DEMIGUEL-TOMAS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.081Control Test 21:58

0.000Air Blank 21:58

# 1 0.141Subject Sample 21:59

2.132Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:01

# 2 0.140Subject Sample 22:02

1.523Breath Volume 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5509/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:55

Palm Beach County SO

BORROWS,ANDREW

02/04/2019

279870

Jupiter PD

BIGGS,JAMES,G

BRADWAY

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

# 1 0.000Subject Sample 23:04

2.917Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.000Subject Sample 23:07

1.269Breath Volume 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:5909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:31

Palm Beach County SO

HILL,JEREMY

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

HERNANDEZ BERDUO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:19

0.000Air Blank 06:20

0.082Control Test 06:20

0.000Air Blank 06:20

# 1Subject Sample 06:24 No Sample Provided

0.000Breath Volume 06:24

0.000Air Blank 06:24

0.000Air Blank 06:26

# 2 0.211Subject Sample 06:27

3.398Breath Volume 06:27

0.000Air Blank 06:28

0.000Air Blank 06:29

# 3 0.200Subject Sample 06:30

1.468Breath Volume 06:30

0.000Air Blank 06:31

0.081Control Test 06:31

0.000Air Blank 06:31

OKDiagnostics Check 06:31

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:04:5909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

07:58

Palm Beach County SO

GILLINGS,DANIEL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

MAISONET MORALES

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:57

0.000Air Blank 09:57

0.081Control Test 09:58

0.000Air Blank 09:58

# 1 0.214Subject Sample 09:59

1.648Breath Volume 09:59

0.000Air Blank 10:00

0.000Air Blank 10:02

# 2 0.196Subject Sample 10:03

1.175Breath Volume 10:03

0.000Air Blank 10:04

0.081Control Test 10:04

0.000Air Blank 10:04

OKDiagnostics Check 10:04

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:2809/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:08

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

BARTKIEWICZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.081Control Test 20:56

0.000Air Blank 20:56

# 1 0.258Subject Sample 20:57

2.843Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.247Subject Sample 21:00

2.593Breath Volume 21:00

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4509/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:40

Palm Beach County SO

MERCIER,DANIEL

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

RODRIGUEZ-CANO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.081Control Test 22:26

0.000Air Blank 22:27

# 1 0.173Subject Sample 22:30 Volume Not Met

1.000Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 2 0.179Subject Sample 22:36 Volume Not Met

1.195Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:5809/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:49

14:50

Palm Beach County SO

STRINE,MICHAEL

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

MENTOR

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:34

0.081Control Test 16:34

0.000Air Blank 16:35

# 1 0.270Subject Sample 16:37

2.136Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.277Subject Sample 16:41

1.187Breath Volume 16:41

0.000Air Blank 16:42

0.080Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0709/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:10

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

SORIANOMEDINA

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.301Subject Sample 22:03

2.257Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.299Subject Sample 22:07

1.460Breath Volume 22:07

0.000Air Blank 22:08

0.079Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1309/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:31

Palm Beach County SO

CHAPARRO,CARLOS

02/04/2019

279870

Jupiter PD

OWEN,SUE,

HERRARTE-CALERO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.082Control Test 00:49

0.000Air Blank 00:49

# 1 0.158Subject Sample 00:50

2.886Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:52

# 2 0.165Subject Sample 00:53

2.433Breath Volume 00:53

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5909/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:15

Palm Beach County SO

MYERSCOUGH,DONALD

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

HOLLAND

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.259Subject Sample 01:22

1.300Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2Subject Sample 01:25 Slope Not Met

0.714Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2909/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:15

Palm Beach County SO

MYERSCOUGH,DONALD

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

HOLLAND

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.236Subject Sample 01:50

1.136Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.236Subject Sample 01:52

1.359Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:0909/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:25

Palm Beach County SO

SENTMANAT,ADOLFO

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

CARTY

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.081Control Test 22:28

0.000Air Blank 22:28

# 1 0.218Subject Sample 22:29

1.425Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.221Subject Sample 22:32

1.199Breath Volume 22:32

0.000Air Blank 22:33

0.081Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1309/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:12

Palm Beach County SO

BORROWS,ANDREW

02/04/2019

279870

Jupiter PD

BIGGS,JAMES,G

PHIPPS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

# 1 0.207Subject Sample 04:20

1.890Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.204Subject Sample 04:23

1.972Breath Volume 04:23

0.000Air Blank 04:24

0.081Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:4209/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:43

Palm Beach County SO

FELISMA,FRANTZ

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

HERNANDEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:50

0.082Control Test 07:50

0.000Air Blank 07:51

# 1 0.173Subject Sample 07:51

1.789Breath Volume 07:51

0.000Air Blank 07:52

0.000Air Blank 07:54

# 2 0.188Subject Sample 07:55

2.667Breath Volume 07:55

0.000Air Blank 07:55

0.080Control Test 07:56

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:28:4809/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:38

13:55

Palm Beach County SO

GUBISH,MATTHEW

02/04/2019

279870

FHP Troop L

OWEN,SUE,

PEREZ ORTIZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:21

0.000Air Blank 15:21

0.081Control Test 15:22

0.000Air Blank 15:22

# 1 0.218Subject Sample 15:23

3.242Breath Volume 15:23

0.000Air Blank 15:24

0.000Air Blank 15:26

# 2 0.212Subject Sample 15:27

3.128Breath Volume 15:27

0.000Air Blank 15:27

0.080Control Test 15:28

0.000Air Blank 15:28

OKDiagnostics Check 15:28

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5109/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:26

Palm Beach County SO

CHAPARRO,CARLOS

02/04/2019

279870

Jupiter PD

OWEN,SUE,

VELAZQUEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.168Subject Sample 02:34

1.792Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.167Subject Sample 02:37

1.906Breath Volume 02:37

0.000Air Blank 02:37

0.081Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5109/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:35

Palm Beach County SO

BORROWS,ANDREW

02/04/2019

279870

Jupiter PD

OWEN,SUE,

REYES

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.081Control Test 05:37

0.000Air Blank 05:37

# 1 0.256Subject Sample 05:38

2.804Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.244Subject Sample 05:41

2.371Breath Volume 05:41

0.000Air Blank 05:41

0.081Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:1509/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:09

Palm Beach County SO

WEBER,RONALD

02/04/2019

279870

FHP Troop L

OWEN,SUE,

PINEDO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:54

0.000Air Blank 06:54

0.081Control Test 06:54

0.000Air Blank 06:55

# 1 0.077Subject Sample 06:56

1.253Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.078Subject Sample 07:00

1.359Breath Volume 07:00

0.000Air Blank 07:01

0.081Control Test 07:01

0.000Air Blank 07:02

OKDiagnostics Check 07:02

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:4309/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:02

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

CASTRO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.081Control Test 20:42

0.000Air Blank 20:43

# 1Subject Sample 20:44 Subject Test Refused

0.000Breath Volume 20:44

0.000Air Blank 20:44

0.081Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3709/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:27

Palm Beach County SO

ANNESE,MORRIS

02/04/2019

279870

West Palm Beach PD

OWEN,SUE,

GETTINO

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.082Control Test 23:08

0.000Air Blank 23:09

# 1 0.274Subject Sample 23:09

2.007Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.283Subject Sample 23:12

3.140Breath Volume 23:12

0.000Air Blank 23:13

0.081Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:5509/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:51

Palm Beach County SO

SCHAEFER,JOHN

02/04/2019

279870

Palm Beach County SO

DORSEY,PAMELA,F

PEREZ-CARBAJAL

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:47

# 1 0.200Subject Sample 23:48

1.546Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.189Subject Sample 23:51

1.410Breath Volume 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2609/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

23:30

Palm Beach County SO

LEVEY,SCOTT

02/04/2019

279870

Palm Beach County SO

OWEN,SUE,

JUAN FELIPE

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.082Control Test 00:11

0.000Air Blank 00:12

# 1 0.234Subject Sample 00:13

2.125Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.216Subject Sample 00:18

1.808Breath Volume 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:5109/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:43

Palm Beach County SO

CHAPARRO,CARLOS

02/04/2019

279870

Jupiter PD

BIGGS,JAMES,G

TRUSSELL

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.081Control Test 23:45

0.000Air Blank 23:45

# 1 0.204Subject Sample 23:46

1.191Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:48

# 2 0.203Subject Sample 23:49

1.125Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1909/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:22

Palm Beach County SO

LERNER,GORDON

02/04/2019

279870

Palm Beach Shores

BIGGS,JAMES,G

JACHTS

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:42

# 1 0.128Subject Sample 02:42

2.531Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.122Subject Sample 02:45

2.234Breath Volume 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4209/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:37

Palm Beach County SO

LASSO,JAVIER

02/04/2019

279870

Palm Beach County SO

BIGGS,JAMES,G

LOPEZ

09/09/2016

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

# 1 0.234Subject Sample 00:45

2.562Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.236Subject Sample 00:49

3.019Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 10/14/2016 12:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1009/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:23

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

JOHNSON

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

# 1Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:1109/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:35

Holmes Beach PD

BORES,ALAN

12/10/2018

203498

Holmes Beach PD

BORES,ALAN,P

VARIOT

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

# 1 0.155Subject Sample 02:51

3.359Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.153Subject Sample 02:54

2.445Breath Volume 02:54

0.000Air Blank 02:55

0.077Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0909/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:25

Palmetto PD

URUCHIMA,ANGEL

12/10/2018

203498

Palmetto PD

URUCHIMA,ANGEL,R

SOLGOT BELL

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.078Control Test 01:43

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:46 Volume Not Met

0.019Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.146Subject Sample 01:52 Volume Not Met

0.132Breath Volume 01:52

0.000Air Blank 01:53

0.077Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:5009/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

19:44

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

REEVES

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.078Control Test 23:50

0.000Air Blank 23:50

# 1 0.089Subject Sample 23:52

2.953Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.081Subject Sample 23:55

1.507Breath Volume 23:55

0.000Air Blank 23:55

0.075Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:5409/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:34

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

MATHERLY

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.077Control Test 03:32

0.000Air Blank 03:33

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.078Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:1609/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:13

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

FLORES CAMACHO

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.202Subject Sample 03:58

4.066Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.189Subject Sample 04:01

2.730Breath Volume 04:01

0.000Air Blank 04:02

0.077Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4809/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:04

Bradenton PD

VONADOR,JERARD

12/10/2018

203498

Bradenton PD

VONADOR,JERARD,E

FICK

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.078Control Test 01:14

0.000Air Blank 01:14

# 1 0.060Subject Sample 01:17

1.742Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.052Subject Sample 01:20

1.804Breath Volume 01:20

0.000Air Blank 01:20

0.078Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:4509/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:02

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

UMANA-PORTILLO

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:43

# 1 0.195Subject Sample 22:45

2.218Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.164Subject Sample 22:49

1.500Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 3 0.194Subject Sample 22:52

1.640Breath Volume 22:52

0.000Air Blank 22:52

0.074Control Test 22:53 Control Outside Tolerance

0.000Air Blank 22:53

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1009/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:02

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

UMANA-PORTILLO

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.077Control Test 22:55

0.000Air Blank 22:56

# 1 0.200Subject Sample 22:56

2.121Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.186Subject Sample 22:59

1.746Breath Volume 22:59

0.000Air Blank 23:00

0.076Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1209/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:43

Palmetto PD

BLOCKER,ASHLEY

12/10/2018

203498

Palmetto PD

URUCHIMA,ANGEL,R

KEELS

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.078Control Test 04:40

0.000Air Blank 04:40

# 1 0.166Subject Sample 04:43 Volume Not Met

0.085Breath Volume 04:43

Air Blank 04:44 Purge Fail

0.000Air Blank 04:45

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:1409/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:43

Palmetto PD

BLOCKER,ASHLEY

12/10/2018

203498

Palmetto PD

URUCHIMA,ANGEL,R

KEELS

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.076Control Test 04:50

0.000Air Blank 04:51

# 1 0.185Subject Sample 04:52

1.980Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.183Subject Sample 04:57

2.800Breath Volume 04:57

0.000Air Blank 04:58

0.077Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:4909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:46

Holmes Beach PD

BORES,ALAN

12/10/2018

203498

Holmes Beach PD

BORES,ALAN,P

CARRANZA JR.

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.078Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0109/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:19

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

SCHWARTZ

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4809/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:39

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

SULLIVAN

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:31 Subject Test Refused

0.000Breath Volume 22:31

0.000Air Blank 22:31

0.079Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5709/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:19

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

KRUSE

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.121Subject Sample 04:03

2.925Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.121Subject Sample 04:06

2.257Breath Volume 04:06

0.000Air Blank 04:07

0.077Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5509/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:18

Manatee County SO

VANOVER,ANDREW

12/10/2018

203498

Manatee County SO

VANOVER,ANDREW,P

CUMMINGS

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.079Control Test 01:05

0.000Air Blank 01:05

# 1 0.000Subject Sample 01:06

1.886Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.000Subject Sample 01:09

2.000Breath Volume 01:09

0.000Air Blank 01:10

0.076Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 09/26/2016 10:13

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:3209/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:24

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

COBB

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

# 1 0.229Subject Sample 00:29

1.953Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.227Subject Sample 00:32

2.406Breath Volume 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5809/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

11:06

FHP Troop F

LEDFORD,TAYLOR

12/10/2018

203498

FHP Troop F

LEDFORD,TAYLOR,M

VIGUERAS SANCHEZ

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.077Control Test 00:37

0.000Air Blank 00:37

# 1 0.177Subject Sample 00:39

2.300Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.172Subject Sample 00:42

3.218Breath Volume 00:42

0.000Air Blank 00:43

0.075Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:0209/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

08:20

FHP Troop F

EHRHART,BARBARA

12/10/2018

203498

FHP Troop F

SOLLEY,KATRYNA,M

GONZALEZ

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:52

0.000Air Blank 09:52

0.079Control Test 09:52

0.000Air Blank 09:53

# 1Subject Sample 09:53 Subject Test Refused

0.000Breath Volume 09:53

0.000Air Blank 09:54

0.078Control Test 09:54

0.000Air Blank 09:54

OKDiagnostics Check 09:55

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:0509/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

01:56

Manatee County SO

TATE,ROBERT

12/10/2018

203498

Manatee County SO

TATE,ROBERT,J

ZAPATA

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.077Control Test 03:47

0.000Air Blank 03:47

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.077Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:50

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:3509/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:36

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

CARRETERO MARTINEZ

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

# 1 0.166Subject Sample 22:37

1.109Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.180Subject Sample 22:40

2.128Breath Volume 22:40

0.000Air Blank 22:41

0.078Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:3309/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:18

Manatee County SO

TATE,ROBERT

12/10/2018

203498

Manatee County SO

TATE,ROBERT,J

KURPELL

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.078Control Test 20:33

0.000Air Blank 20:34

# 1Subject Sample 20:37 No Sample Provided

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2Subject Sample 20:43 No Sample Provided

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.076Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3909/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:57

Manatee County SO

TATE,ROBERT

12/10/2018

203498

Manatee County SO

TATE,ROBERT,J

LOPEZ

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:1109/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:16

FHP Troop F

TYUS,CHARLES

12/10/2018

203498

FHP Troop F

TYUS,CHARLES,C

MEJIA

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

# 1 0.102Subject Sample 04:05

1.957Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.100Subject Sample 04:09

2.527Breath Volume 04:09

0.000Air Blank 04:10

0.075Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 09/26/2016 10:06

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0409/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:18

Hillsborough Co SO

VAN-TREESE,S

08/05/2017

18015080A2

Tampa PD

ARUNDALE,BRITTANY,T

SCHWARZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

# 1 0.000Subject Sample 04:05

2.195Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.000Subject Sample 04:08

3.304Breath Volume 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0309/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:36

Hillsborough Co SO

BARLAUG,G

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

DENNEY JR

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.078Control Test 05:21

0.000Air Blank 05:21

# 1 0.196Subject Sample 05:22

3.078Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:24

# 2 0.198Subject Sample 05:25

2.296Breath Volume 05:25

0.000Air Blank 05:26

0.077Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:27

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3909/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:54

Hillsborough Co SO

CRAGG,S

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

HARRINGTON

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.063Subject Sample 00:50

3.710Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.063Subject Sample 00:53

4.097Breath Volume 00:53

0.000Air Blank 00:53

0.078Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0309/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:23

Hillsborough Co SO

BRABAND,M

08/05/2017

18015080A2

Tampa PD

TORRES,JENIFER,

RODRIGUEZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

# 1 0.171Subject Sample 03:09

3.289Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.164Subject Sample 03:12

3.710Breath Volume 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:14

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:2609/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:36

16:16

Hillsborough Co SO

HARRISON,G

08/05/2017

18015080A2

Hillsborough Co SO

BARR,BARBARA,H

MELENDEZ COLON

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:58

0.078Control Test 16:59

0.000Air Blank 16:59

# 1 0.245Subject Sample 17:01

1.289Breath Volume 17:01

0.000Air Blank 17:02

0.000Air Blank 17:03

# 2Subject Sample 17:06 Subject Test Refused

0.000Breath Volume 17:06

0.000Air Blank 17:06

0.077Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:1009/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:36

16:16

Hillsborough Co SO

HARRISON,G

08/05/2017

18015080A2

Hillsborough Co SO

BARR,BARBARA,H

MELENDEZ COLON

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:13

0.000Air Blank 17:13

0.077Control Test 17:13

0.000Air Blank 17:14

# 1Subject Sample 17:15 Subject Test Refused

0.000Breath Volume 17:15

0.000Air Blank 17:16

0.077Control Test 17:16

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:3609/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

20:31

Hillsborough Co SO

ORNDORFF,W

08/05/2017

18015080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

BENNETT

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.079Control Test 22:10

0.000Air Blank 22:10

# 1 0.167Subject Sample 22:11

2.042Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.163Subject Sample 22:14

1.812Breath Volume 22:14

0.000Air Blank 22:14

0.077Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3109/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:52

Hillsborough Co SO

SNAGGS,S

08/05/2017

18015080A2

Tampa PD

TORRES,JENIFER,

ROWE

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:33

# 1 0.206Subject Sample 04:34

2.843Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.211Subject Sample 04:37

2.988Breath Volume 04:37

0.000Air Blank 04:38

0.077Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:3309/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:48

Hillsborough Co SO

SHANNON,B

08/05/2017

18015080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

CAMPAGNE TORRES

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.078Control Test 05:32

0.000Air Blank 05:33

# 1Subject Sample 05:36 No Sample Provided

0.000Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2Subject Sample 05:42 No Sample Provided

0.000Breath Volume 05:42

0.000Air Blank 05:42

0.078Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:3609/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:48

Hillsborough Co SO

SHANNON,B

08/05/2017

18015080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

CAMPAGNE TORRES

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:45

0.078Control Test 05:45

0.000Air Blank 05:46

# 1 0.144Subject Sample 05:49 Volume Not Met

0.562Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:51

# 2 0.177Subject Sample 05:54 Volume Not Met

0.253Breath Volume 05:54

0.000Air Blank 05:55

0.075Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:5309/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:31

06:57

Hillsborough Co SO

KARVOUNIS,N

08/05/2017

18015080A2

Macdill Air Force Ba

SMITH,REBECCA,J

LEMUS PEREZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:51

0.000Air Blank 09:51

0.078Control Test 09:52

0.000Air Blank 09:52

# 1 0.153Subject Sample 09:54

2.656Breath Volume 09:54

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.152Subject Sample 09:57

1.289Breath Volume 09:57

0.000Air Blank 09:57

0.077Control Test 09:58

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1609/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:51

Hillsborough Co SO

BARLAUG,G

08/05/2017

18015080A2

Tampa PD

MCMINN,KATHY,

FAIRBANKS

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.146Subject Sample 00:34

4.363Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.145Subject Sample 00:37

3.871Breath Volume 00:37

0.000Air Blank 00:38

0.078Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5209/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:02

Hillsborough Co SO

MILLER,B

08/05/2017

18015080A2

FHP Troop C

ARUNDALE,BRITTANY,T

SCHULMAN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:56 No Sample Provided

0.000Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.182Subject Sample 02:00

5.031Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 3 0.179Subject Sample 02:03

4.593Breath Volume 02:03

0.000Air Blank 02:03

0.077Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5709/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

02:52

Hillsborough Co SO

SHEPLER JR.,D

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

FREELAND

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.078Control Test 03:49

0.000Air Blank 03:49

# 1 0.062Subject Sample 03:50

1.742Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.062Subject Sample 03:53

2.683Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0409/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:25

Hillsborough Co SO

CRAMER,B

08/05/2017

18015080A2

Hillsborough Co SO

MCMINN,KATHY,

SHAW

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.209Subject Sample 04:22

3.433Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.203Subject Sample 04:25

3.492Breath Volume 04:25

0.000Air Blank 04:26

0.077Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:27

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:4709/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:07

12:24

Hillsborough Co SO

DESIATO,D 223666

08/05/2017

18015080A2

Hillsborough Co SO

SKIPPER,ROGER,G

WALTERS

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:00

0.000Air Blank 14:01

0.078Control Test 14:01

0.000Air Blank 14:02

# 1 0.336Subject Sample 14:04

3.871Breath Volume 14:04

0.000Air Blank 14:04

0.000Air Blank 14:06

# 2 0.339Subject Sample 14:07

3.027Breath Volume 14:07

0.000Air Blank 14:07

0.077Control Test 14:08

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:3709/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

04:49

Hillsborough Co SO

SNAGGS,S

08/05/2017

18015080A2

Tampa PD

TORRES,JENIFER,

HERBERT

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.078Control Test 05:40

0.000Air Blank 05:41

# 1 0.119Subject Sample 05:42

3.750Breath Volume 05:42

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.121Subject Sample 05:45

2.304Breath Volume 05:45

0.000Air Blank 05:45

0.077Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:1409/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:05

Hillsborough Co SO

BARNHART,H

08/05/2017

18015080A2

FHP Troop C

SIMMONS,ANGELA,V

BRICK

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:39

0.078Control Test 18:40

0.000Air Blank 18:40

# 1 0.000Subject Sample 18:41

1.898Breath Volume 18:41

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2 0.000Subject Sample 18:43

1.761Breath Volume 18:43

0.000Air Blank 18:44

0.079Control Test 18:44

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:0609/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

17:12

Hillsborough Co SO

PECYLAK,M

08/05/2017

18015080A2

Hillsborough Co SO

HENRY,PATRICIA,

SHOEN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:57

0.000Air Blank 18:58

0.078Control Test 18:58

0.000Air Blank 18:58

# 1 0.000Subject Sample 19:00

1.421Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:03

1.472Breath Volume 19:03

0.000Air Blank 19:04

0.078Control Test 19:04

0.000Air Blank 19:05

OKDiagnostics Check 19:05

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3509/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:11

Hillsborough Co SO

VAN-TREESE,S

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

ABDELBAKY

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

# 1 0.114Subject Sample 02:11

2.000Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.114Subject Sample 02:14

1.808Breath Volume 02:14

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5709/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:28

Hillsborough Co SO

GARRELL,Q

08/05/2017

18015080A2

Plant City PD

KIRK,CASEY,S

MOLINA RAMIREZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

# 1 0.198Subject Sample 03:21 Slope Not Level

1.847Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.234Subject Sample 03:24

2.589Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 3 0.223Subject Sample 03:27

1.933Breath Volume 03:27

0.000Air Blank 03:28

0.076Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4709/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:14

Hillsborough Co SO

VELAZQUEZ,B

08/05/2017

18015080A2

U of So FL Campus PD

KIRK,CASEY,S

SEEHOFFER

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.077Control Test 03:14

0.000Air Blank 03:15

# 1 0.158Subject Sample 03:16

1.308Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.167Subject Sample 03:20

1.554Breath Volume 03:20

0.000Air Blank 03:20

0.076Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1209/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:55

Hillsborough Co SO

BAILEY,D

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

LEON-GARAVITO

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.077Control Test 03:41

0.000Air Blank 03:41

# 1 0.198Subject Sample 03:42

2.714Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.194Subject Sample 03:45

2.199Breath Volume 03:45

0.000Air Blank 03:46

0.076Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3809/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:58

Hillsborough Co SO

DEJESUS,V

08/05/2017

18015080A2

Hillsborough Co SO

HENRY,PATRICIA,

GUAPO

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

# 1 0.254Subject Sample 21:57

2.699Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.257Subject Sample 22:01

3.359Breath Volume 22:01

0.000Air Blank 22:01

0.077Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0809/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:50

Hillsborough Co SO

VAN-TREESE,S

08/05/2017

18015080A2

Tampa PD

HOLLAND,CHARLEENE,N

LASATER

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

# 1 0.122Subject Sample 01:32

2.296Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.122Subject Sample 01:35

2.429Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5409/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:17

Hillsborough Co SO

VISSER,A

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

DORFIELD

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2609/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:17

Hillsborough Co SO

VISSER,A

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

DORFIELD

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.077Control Test 01:59

0.000Air Blank 02:00

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:5709/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:40

Hillsborough Co SO

CRAGG,S

08/05/2017

18015080A2

Tampa PD

HOLLAND,CHARLEENE,N

RODRIGUEZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.077Control Test 04:20

0.000Air Blank 04:20

# 1 0.199Subject Sample 04:21

2.148Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:23

# 2 0.195Subject Sample 04:24

3.433Breath Volume 04:24

0.000Air Blank 04:25

0.076Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:2309/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

04:28

Hillsborough Co SO

MINAYA,J

08/05/2017

18015080A2

FHP Troop C

HENRY,PATRICIA,

BAAY

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.077Control Test 05:34

0.000Air Blank 05:34

# 1 0.207Subject Sample 05:35

2.371Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.200Subject Sample 05:38

1.796Breath Volume 05:38

0.000Air Blank 05:39

0.077Control Test 05:39

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:5709/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:39

Hillsborough Co SO

CRAMER,B

08/05/2017

18015080A2

Hillsborough Co SO

TORRES,JENIFER,

CALLAHAN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

# 1 0.132Subject Sample 19:34

1.917Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:36

# 2 0.136Subject Sample 19:37

1.316Breath Volume 19:37

0.000Air Blank 19:38

0.077Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4709/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:15

Hillsborough Co SO

BARLAUG,G

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

RAMIREZ DIAZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 01:00

# 1Subject Sample 01:00 Subject Test Refused

0.000Breath Volume 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:0409/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:23

Hillsborough Co SO

GONZALEZ,J

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

LOPEZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.078Control Test 04:19

0.000Air Blank 04:19

# 1 0.153Subject Sample 04:20

2.355Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.148Subject Sample 04:23

2.578Breath Volume 04:23

0.000Air Blank 04:24

0.078Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:25

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4609/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:49

Hillsborough Co SO

NIEUWENDAM,R

08/05/2017

18015080A2

Tampa PD

ARUNDALE,BRITTANY,T

LORENZO MANZANAREZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.078Control Test 04:31

0.000Air Blank 04:31

# 1 0.164Subject Sample 04:32

2.742Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.153Subject Sample 04:35

2.195Breath Volume 04:35

0.000Air Blank 04:35

0.077Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:1909/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

18:30

Hillsborough Co SO

MATAS,T

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

CUCCARESE

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:42

0.000Air Blank 19:42

0.079Control Test 19:42

0.000Air Blank 19:43

# 1 0.000Subject Sample 19:43

1.972Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:46

2.296Breath Volume 19:46

0.000Air Blank 19:47

0.078Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:0809/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:36

Hillsborough Co SO

GONZALEZ,D

08/05/2017

18015080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

DAVIDSON

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

# 1 0.000Subject Sample 21:53

1.390Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.000Subject Sample 21:56

1.710Breath Volume 21:56

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:4609/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:04

Hillsborough Co SO

DEJESUS,V

08/05/2017

18015080A2

Hillsborough Co SO

BARR,BARBARA,H

PENA RAFAEL

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:54

0.000Air Blank 06:54

0.079Control Test 06:55

0.000Air Blank 06:55

# 1Subject Sample 06:56 Subject Test Refused

0.000Breath Volume 06:56

0.000Air Blank 06:56

0.076Control Test 06:57

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:4709/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:29

Hillsborough Co SO

LARA,A

08/05/2017

18015080A2

FHP Troop C

HENRY,PATRICIA,

HORN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

# 1 0.000Subject Sample 21:37

3.488Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.000Subject Sample 21:40

3.128Breath Volume 21:40

0.000Air Blank 21:40

0.078Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2209/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:40

Hillsborough Co SO

COSTA,A

08/05/2017

18015080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

BEKTAS

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.078Control Test 00:48

0.000Air Blank 00:48

# 1 0.186Subject Sample 00:49

1.851Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.175Subject Sample 00:52

1.582Breath Volume 00:52

0.000Air Blank 00:53

0.078Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1209/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:48

Hillsborough Co SO

WOODEN,D

08/05/2017

18015080A2

Hillsborough Co SO

TORRES,JENIFER,

DURRANCE

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.132Subject Sample 04:45

1.117Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.132Subject Sample 04:48

1.894Breath Volume 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:2809/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:17

Hillsborough Co SO

BAILEY,D

08/05/2017

18015080A2

Tampa PD

HOLLAND,CHARLEENE,N

HOLLUB II

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.079Control Test 05:09

0.000Air Blank 05:09

# 1 0.112Subject Sample 05:10

2.207Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.115Subject Sample 05:13

3.214Breath Volume 05:13

0.000Air Blank 05:14

0.078Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:37:1409/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

06:00

Hillsborough Co SO

NA,NA

08/05/2017

18015080A2

Hillsborough Co SO

SNYDER,MELONIE,E

GARDUNO

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:31

0.000Air Blank 07:31

0.078Control Test 07:32

0.000Air Blank 07:32

# 1 0.175Subject Sample 07:33

3.132Breath Volume 07:33

0.000Air Blank 07:33

0.000Air Blank 07:35

# 2Subject Sample 07:35 Subject Test Refused

0.000Breath Volume 07:35

0.000Air Blank 07:36

0.078Control Test 07:36

0.000Air Blank 07:37

OKDiagnostics Check 07:37

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2609/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

18:26

Hillsborough Co SO

LARA,A

08/05/2017

18015080A2

FHP Troop C

ARUNDALE,BRITTANY,T

BETLEM

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

# 1 0.183Subject Sample 23:35 Volume Not Met

0.941Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:37

# 2 0.187Subject Sample 23:40

1.109Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 3 0.181Subject Sample 23:45 Volume Not Met

0.265Breath Volume 23:45

0.000Air Blank 23:46

0.077Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0409/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

18:26

Hillsborough Co SO

LARA,A

08/05/2017

18015080A2

FHP Troop C

ARUNDALE,BRITTANY,T

BETLAM

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

# 2 0.170Subject Sample 23:55 Volume Not Met

0.214Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:57

# 3 0.183Subject Sample 23:59

1.214Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.192Subject Sample 00:02

1.285Breath Volume 00:02

0.000Air Blank 00:03

0.076Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:04

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5609/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:35

Hillsborough Co SO

PALFY,R

08/05/2017

18015080A2

FHP Troop C

ARUNDALE,BRITTANY,T

FELICIANO ORTIZ

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

# 1 0.161Subject Sample 03:17

1.867Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.160Subject Sample 03:20

1.941Breath Volume 03:20

0.000Air Blank 03:21

0.077Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:0309/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:40

Hillsborough Co SO

ANDERSON,C

08/05/2017

18015080A2

FHP Troop C

DAIL,JULIE,A

HERNANDEZ-NAVAT

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

# 1 0.193Subject Sample 04:54

2.695Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.192Subject Sample 04:57

2.410Breath Volume 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:59

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:0709/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

05:41

Hillsborough Co SO

LARA,A

08/05/2017

18015080A2

FHP Troop C

SMITH,REBECCA,J

DEL VALLE

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:59

0.000Air Blank 06:59

0.078Control Test 06:59

0.000Air Blank 07:00

# 1 0.000Subject Sample 07:00

1.656Breath Volume 07:00

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.000Subject Sample 07:03

1.734Breath Volume 07:03

0.000Air Blank 07:04

0.078Control Test 07:04

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:0809/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:29

18:02

Hillsborough Co SO

MOCK,J

08/05/2017

18015080A2

Hillsborough Co SO

MCMINN,KATHY,

BELTRAN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:51

0.078Control Test 18:51

0.000Air Blank 18:52

# 1 0.000Subject Sample 18:52

3.183Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.000Subject Sample 18:55

3.160Breath Volume 18:55

0.000Air Blank 18:56

0.078Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2409/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:18

Hillsborough Co SO

LYON,M

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

WINTER-CHRISTY

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.078Control Test 01:25

0.000Air Blank 01:25

# 1 0.170Subject Sample 01:26

2.328Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.177Subject Sample 01:29

2.570Breath Volume 01:29

0.000Air Blank 01:30

0.077Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4909/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:24

Hillsborough Co SO

NIEUWENDAM,R

08/05/2017

18015080A2

Tampa PD

HOLLAND,CHARLEENE,N

LUMPKIN

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.079Control Test 00:27

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:28

2.386Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.000Subject Sample 00:31

2.371Breath Volume 00:31

0.000Air Blank 00:31

0.078Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2909/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

01:49

Hillsborough Co SO

MANGANARO,J

08/05/2017

18015080A2

FHP Troop C

TRIMBLE,TERESA,

SANTANA

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1 0.229Subject Sample 03:57

2.574Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.215Subject Sample 04:00

1.738Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5309/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:28

Hillsborough Co SO

NIEUWENDAM,R

08/05/2017

18015080A2

Tampa PD

TRIMBLE,TERESA,

GARCIA

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:34

0.078Control Test 19:35

0.000Air Blank 19:35

# 1 0.321Subject Sample 19:38 Volume Not Met

0.042Breath Volume 19:38

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.344Subject Sample 19:44

1.343Breath Volume 19:44

0.000Air Blank 19:45

0.000Air Blank 19:46

# 3 0.301Subject Sample 19:50 Volume Not Met

0.109Breath Volume 19:50

0.000Air Blank 19:50

0.074Control Test 19:51 Control Outside Tolerance

0.000Air Blank 19:51

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:0209/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:28

Hillsborough Co SO

NIEUWENDAM,R

08/05/2017

18015080A2

Tampa PD

TRIMBLE,TERESA,

GARCIA

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.075Control Test 19:54

0.000Air Blank 19:55

# 1 0.325Subject Sample 19:55

1.171Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:58

# 2 0.296Subject Sample 20:01 Volume Not Met

0.738Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 3 0.305Subject Sample 20:05

1.425Breath Volume 20:05

0.000Air Blank 20:06

0.073Control Test 20:06 Control Outside Tolerance

0.000Air Blank 20:07

Data Download Date/Time: 10/05/2016 17:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1609/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:47

Hillsborough Co SO

SNAGGS,S

08/05/2017

18015080A2

Tampa PD

HENRY,PATRICIA,

TATE GREENE

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.077Control Test 01:31

0.000Air Blank 01:32

# 1 0.114Subject Sample 01:33

1.210Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.125Subject Sample 01:36

2.125Breath Volume 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 10/05/2016 17:42

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0509/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:15

Hillsborough Co SO

BELMONTE,M.D.

08/05/2017

18015080A2

Tampa PD

DAIL,JULIE,A

MENDEZ CANO

09/07/2016

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

# 1 0.144Subject Sample 20:26

3.183Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:28

# 2 0.132Subject Sample 20:29

2.183Breath Volume 20:29

0.000Air Blank 20:30

0.078Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 10/05/2016 17:42

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2609/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:34

Flagler County SO

PARKER,CARL

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

ABRAMS

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.077Control Test 22:21

0.000Air Blank 22:22

# 1 0.133Subject Sample 22:22

2.300Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.129Subject Sample 22:25

2.433Breath Volume 22:25

0.000Air Blank 22:26

0.075Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3509/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:30

Bunnell PD

GROTH,SHANE

11/05/2017

28515080A3

Bunnell PD

GROTH,SHANE,M

FRANKS

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.078Control Test 00:01

0.000Air Blank 00:01

# 1 0.202Subject Sample 00:02

1.937Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.193Subject Sample 00:04

2.496Breath Volume 00:04

0.000Air Blank 00:05

0.077Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:2509/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:05

Flagler County SO

PARKER,CARL

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

BARKER

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.078Control Test 04:57

0.000Air Blank 04:58

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 04:59

0.078Control Test 04:59

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:0809/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:03

06:02

Flagler County SO

BUTLER,D

11/05/2017

28515080A3

Flagler County SO

FAIRCLOTH,EDWARD,W

SHEFFIELD

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.077Control Test 07:24

0.000Air Blank 07:25

# 1Subject Sample 07:25 Subject Test Refused

0.000Breath Volume 07:25

0.000Air Blank 07:26

0.077Control Test 07:26

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:3609/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

16:54

Flagler County SO

STOGDON,BRAD

11/05/2017

28515080A3

Flagler County SO

PRIEMER,AMANDA,M

CLAYMAN

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.078Control Test 20:01

0.000Air Blank 20:01

# 1 0.218Subject Sample 20:02

1.371Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:04

# 2 0.242Subject Sample 20:05

1.644Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:07

# 3 0.240Subject Sample 20:08

2.367Breath Volume 20:08

0.000Air Blank 20:09

0.076Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4609/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:22

Flagler County SO

MALTA,DANIEL

11/05/2017

28515080A3

Flagler County SO

PRIEMER,AMANDA,M

SHEPPARD

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:47

# 1 0.121Subject Sample 22:48

1.597Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.130Subject Sample 22:51

1.839Breath Volume 22:51

0.000Air Blank 22:51

0.077Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5309/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:03

Flagler County SO

WALL,BRAXTON

11/05/2017

28515080A3

Flagler County SO

KEMP,FREDERICK,R

CASTILLO

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.078Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:2609/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:07

Bunnell PD

ROSSI,CRAIG

11/05/2017

28515080A3

Flagler County SO

GROTH,SHANE,M

PRINCIPE

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.078Control Test 18:56

0.000Air Blank 18:57

# 1 0.172Subject Sample 18:57

2.058Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.167Subject Sample 19:00

2.082Breath Volume 19:00

Air Blank 19:00 RFI Detect

0.000Air Blank 19:01

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:0409/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:07

Bunnell PD

ROSSI,CRAIG

11/05/2017

28515080A3

Flagler County SO

GROTH,SHANE,M

PRINCIPE

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.078Control Test 19:08

0.000Air Blank 19:09

# 1 0.164Subject Sample 19:09

2.132Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:11

# 2 0.149Subject Sample 19:12

1.550Breath Volume 19:12

0.000Air Blank 19:13

0.077Control Test 19:13

0.000Air Blank 19:13

OKDiagnostics Check 19:14

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2509/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:11

Flagler County SO

MALTA,DANIEL

11/05/2017

28515080A3

Flagler County SO

DESCARTES,PETER,J

EMERY

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.000Control Test 01:41 RFI Detect

0.000Air Blank 01:42

Data Download Date/Time: 09/30/2016 12:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:0209/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:34

Flagler County SO

WEAVER,D

11/05/2017

28515080A3

Flagler County SO

WEAVER,D,

FLEMING

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:10

# 1 0.000Subject Sample 20:10

2.574Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.000Subject Sample 20:13

2.503Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:15

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3909/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

11:54

Flagler County SO

DUENAS,JONATHON

11/05/2017

28515080A3

Flagler County SO

BEAUSOLEIL,AARON,F

LAMPHERE

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:08

# 1 0.246Subject Sample 01:10

1.207Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.245Subject Sample 01:13

1.500Breath Volume 01:13

0.000Air Blank 01:13

0.075Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4009/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:55

Flagler County SO

MALTA,D

11/05/2017

28515080A3

Flagler County SO

WEAVER,D,

STANO

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.078Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:00 Subject Test Refused

0.000Breath Volume 04:00

0.000Air Blank 04:00

0.078Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:4809/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:09

Flagler County SO

DUENAS,JONATHON

11/05/2017

28515080A3

Flagler County SO

BEAUSOLEIL,AARON,F

MCDONALD III

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.078Control Test 03:03

0.000Air Blank 03:03

# 1 0.083Subject Sample 03:04

1.617Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.084Subject Sample 03:07

1.296Breath Volume 03:07

0.000Air Blank 03:07

0.077Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3309/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

17:58

Flagler County SO

PARKER,CARL

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

FULLING

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:22

0.078Control Test 19:22

0.000Air Blank 19:22

# 1Subject Sample 19:23 Subject Test Refused

0.000Breath Volume 19:23

0.000Air Blank 19:23

0.078Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3909/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:23

Flagler County SO

RODENBORN,JARENIAH

11/05/2017

28515080A3

Flagler County SO

DESCARTES,PETER,J

CHRESTENSEN

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.078Control Test 22:19

0.000Air Blank 22:20

# 1 0.154Subject Sample 22:20

1.902Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.151Subject Sample 22:24

1.945Breath Volume 22:24

0.000Air Blank 22:24

0.077Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:2509/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:48

Flagler County SO

ROSSI,CRAIG

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

SMITH

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.078Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:43 Subject Test Refused

0.015Breath Volume 19:43

0.000Air Blank 19:44

0.078Control Test 19:44

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3609/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:15

Flagler County SO

COLLINS,JOHN

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

YOUNG

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

# 1 0.134Subject Sample 04:09

3.156Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.127Subject Sample 04:11

1.851Breath Volume 04:11

0.000Air Blank 04:12

0.078Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:1909/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

17:34

Flagler County SO

TAYLOR,CHRIS

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

HUTTO

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.077Control Test 18:51

0.000Air Blank 18:51

# 1Subject Sample 18:51 Subject Test Refused

0.000Breath Volume 18:51

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:0909/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:05

Flagler County SO

PETKOVSEK,RICHARD

11/05/2017

28515080A3

Flagler County SO

PARKER,CARL,L

BERDYCK

08/29/2016

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:08

0.000Air Blank 19:09

0.078Control Test 19:09

0.000Air Blank 19:09

# 1 0.264Subject Sample 19:10

3.589Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:12

# 2 0.254Subject Sample 19:13

3.039Breath Volume 19:13

0.000Air Blank 19:14

0.077Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 09/30/2016 12:18

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006621CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4509/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

23:45

23:30

Kennedy Space Center

COLLINS,ALLEN

02/05/2018

01316080A1

Kennedy Space Center

COLLINS,ALLEN,P

MCCARTHY

09/22/2016

8100.27

KENNEDY SPACE CENTER

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.075Control Test 00:11

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:12

1.402Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:15

1.417Breath Volume 00:15

0.000Air Blank 00:15

0.076Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/31/2016 00:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006621CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1609/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:55

Kennedy Space Center

BANDURSKI,TYLER

02/05/2018

01316080A1

OTHER Fed

HORNUNG,GUNTHER,A

KILPATRICK

09/22/2016

8100.27

KENNEDY SPACE CENTER

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.075Control Test 20:25

0.000Air Blank 20:25

# 1Subject Sample 20:25 Subject Test Refused

0.000Breath Volume 20:25

0.000Air Blank 20:26

0.075Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 10/31/2016 00:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:2909/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:20

FHP Troop E

MCGLYNN,JOHN

04/05/2018

06616080A2

FHP Troop E

MCGLYNN,JOHN,L

KOLAHAL SHIVAMURTHY

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.077Control Test 21:41

0.000Air Blank 21:42

# 1 0.127Subject Sample 21:43

2.214Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:45

# 2 0.128Subject Sample 21:46

2.234Breath Volume 21:46

0.000Air Blank 21:47

0.076Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 12/02/2016 08:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0709/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:33

FHP Troop E

ORBETA,JORGE

04/05/2018

06616080A2

FHP Troop E

MCGLYNN,JOHN,L

MCCROAN

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.077Control Test 00:57

0.000Air Blank 00:58

# 1 0.000Subject Sample 00:58

2.632Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.000Subject Sample 01:01

2.332Breath Volume 01:01

0.000Air Blank 01:02

0.078Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/02/2016 08:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006626CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2509/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:42

FHP Troop E

MCGLYNN,JOHN

04/05/2018

06616080A2

FHP Troop E

MCGLYNN,JOHN,L

HANNING

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

# 1 0.195Subject Sample 03:05

1.925Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.198Subject Sample 03:08

2.648Breath Volume 03:08

0.000Air Blank 03:09

0.077Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 12/02/2016 08:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3809/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:15

FHP Troop D

VAUGHN,JACOB

04/05/2018

06616080A2

FHP Troop D

VAUGHN,JACOB,A

LOPEZ

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.077Control Test 04:02

0.000Air Blank 04:02

# 1 0.212Subject Sample 04:03

3.148Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.208Subject Sample 04:05

3.191Breath Volume 04:05

0.000Air Blank 04:06

0.077Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/01/2016 00:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5709/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:09

FHP Troop D

VAUGHN,JACOB

04/05/2018

06616080A2

FHP Troop D

VAUGHN,JACOB,A

KHAN

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.077Control Test 03:45

0.000Air Blank 03:46

# 1 0.134Subject Sample 03:46

3.445Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:48

# 2 0.130Subject Sample 03:49

3.527Breath Volume 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/01/2016 00:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:2309/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:32

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

LOPEZ GONZALEZ

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.077Control Test 23:26

0.000Air Blank 23:27

# 1 0.151Subject Sample 23:30

2.460Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.139Subject Sample 23:35

2.128Breath Volume 23:35

0.000Air Blank 23:36

0.077Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1209/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:32

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

MORALES

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

# 1 0.189Subject Sample 03:10

2.597Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:12

# 2 0.182Subject Sample 03:13

2.312Breath Volume 03:13

0.000Air Blank 03:14

0.077Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4909/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:17

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

WARREN

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:09

2.953Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.000Subject Sample 03:12

1.136Breath Volume 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1009/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:23

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

DALEY

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.077Control Test 01:17

0.000Air Blank 01:17

# 1 0.248Subject Sample 01:18

1.523Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.246Subject Sample 01:21

2.417Breath Volume 01:21

0.000Air Blank 01:22

0.076Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:0109/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

04:04

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

MILTON

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.077Control Test 04:44

0.000Air Blank 04:45

# 1 0.160Subject Sample 04:46

1.378Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.163Subject Sample 04:49

1.597Breath Volume 04:49

0.000Air Blank 04:50

0.077Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:51

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:2709/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:11

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

DAO

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

# 1 0.137Subject Sample 03:40

2.296Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.128Subject Sample 03:43

1.468Breath Volume 03:43

0.000Air Blank 03:44

0.077Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:2109/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

05:13

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

HERNANDEZ

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:45

0.077Control Test 05:45

0.000Air Blank 05:46

# 1 0.000Subject Sample 05:46

1.281Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.000Subject Sample 05:49

1.335Breath Volume 05:49

0.000Air Blank 05:50

0.077Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006629CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0609/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:12

FHP Troop D

HAWKINS,DEBORAH

05/05/2018

09216080A3

FHP Troop D

HAWKINS,DEBORAH,

HOOPER

08/31/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:41

# 1 0.196Subject Sample 00:42

1.812Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.192Subject Sample 00:47

1.757Breath Volume 00:47

0.000Air Blank 00:48

0.077Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 10/01/2016 00:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5909/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:51

FHP Troop E

VARGAS,D

04/05/2018

06616080A2

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

TAIPE

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.077Control Test 23:12

0.000Air Blank 23:13

# 1 0.095Subject Sample 23:14

2.335Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.086Subject Sample 23:17

1.632Breath Volume 23:17

0.000Air Blank 23:18

0.077Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 09/16/2016 11:44

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5009/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:34

FHP Troop E

LASSO SILVA,NICOLAS

04/05/2018

06616080A2

FHP Troop E

LASSO SILVA,NICOLAS,

DANDRIDGE

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

# 1 0.149Subject Sample 01:57

2.074Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.147Subject Sample 02:00

1.714Breath Volume 02:00

0.000Air Blank 02:00

0.077Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 09/16/2016 11:44

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1309/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

03:04

FHP Troop E

GONZALEZ-CORTINA,RAUL

04/05/2018

06616080A2

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

REYES

08/26/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:26

# 1 0.176Subject Sample 03:26

1.378Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.186Subject Sample 03:29

2.484Breath Volume 03:29

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 09/16/2016 11:44

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3909/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:48

FHP Troop E

GONZALEZ-CORTINA,RAUL

04/05/2018

06616080A2

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

SHARMA

09/16/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

# 1 0.202Subject Sample 00:31

3.343Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.198Subject Sample 00:34

2.632Breath Volume 00:34

0.000Air Blank 00:34

0.077Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/31/2016 08:59

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:2309/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:34

FHP Troop E

GONZALEZ-CORTINA,RAUL

04/05/2018

06616080A2

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

NAVARRETTE

09/16/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.079Control Test 06:06

0.000Air Blank 06:06

# 1 0.089Subject Sample 06:07

3.042Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.081Subject Sample 06:10

1.144Breath Volume 06:10

0.000Air Blank 06:11

0.077Control Test 06:11

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 10/31/2016 08:59

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1709/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:30

FHP Troop E

GONZALEZ-CORTINA,RAUL

04/05/2018

06616080A2

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

LARGAESPADA

09/16/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.077Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 10/31/2016 08:59

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:1509/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:07

FHP Troop C

ANGELICCHI,JOSEPH

05/05/2018

09216080A3

FHP Troop C

ANGELICCHI,JOSEPH,S

GONZALEZ

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.077Control Test 23:33

0.000Air Blank 23:33

# 1 0.000Subject Sample 23:34

3.015Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.000Subject Sample 23:36

2.957Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 09/28/2016 22:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2009/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:46

FHP Troop C

DOKENDORF,BRIAN

05/05/2018

09216080A3

FHP Troop C

DOKENDORF,BRIAN,K

HERNANDEZ VASQUEZ

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:03

# 1 0.189Subject Sample 03:03

1.812Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.193Subject Sample 03:07

2.476Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 09/28/2016 22:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1109/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:30

FHP Troop C

ANGELICCHI,JOSEPH

05/05/2018

09216080A3

FHP Troop C

ANGELICCHI,JOSEPH,S

FORTEAU

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

# 1 0.106Subject Sample 03:44

2.128Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.099Subject Sample 03:47

2.046Breath Volume 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 09/28/2016 22:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4109/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

02:18

FHP Troop C

ANGELICCHI,JOSEPH

05/05/2018

09216080A3

FHP Troop C

ANGELICCHI,JOSEPH,S

RAMIREZ

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

# 1 0.071Subject Sample 02:28

3.074Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.074Subject Sample 02:31

1.750Breath Volume 02:31

0.000Air Blank 02:31

0.078Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 09/28/2016 22:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3209/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:45

FHP Troop C

ANGELICCHI,JOSEPH

05/05/2018

09216080A3

FHP Troop C

ANGELICCHI,JOSEPH,S

GUARNIERI

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.078Control Test 00:20

0.000Air Blank 00:20

# 1 0.112Subject Sample 00:20

2.824Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.108Subject Sample 00:23

3.109Breath Volume 00:23

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 09/28/2016 22:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1809/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:56

FHP Troop C

ANGELICCHI,JOSEPH

05/05/2018

09216080A3

FHP Troop C

ANGELICCHI,JOSEPH,S

CAREY

09/28/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/26/2016 22:05

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:1609/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:15

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

PEREZ REYMONDO

08/29/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.079Control Test 18:20

0.000Air Blank 18:21

# 1 0.167Subject Sample 18:23

1.789Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:25

# 2 0.165Subject Sample 18:26

1.703Breath Volume 18:26

0.000Air Blank 18:27

0.076Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 09/26/2016 11:22

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:0109/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:09

Manatee County SO

AMBRIATI,NICHOLAS

01/11/2019

256835

Manatee County SO

AMBRIATI,NICHOLAS,J

RAYMER

09/26/2016

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:56

0.079Control Test 14:56

0.000Air Blank 14:57

# 1 0.290Subject Sample 14:58

2.765Breath Volume 14:58

0.000Air Blank 14:59

0.000Air Blank 15:00

# 2 0.266Subject Sample 15:01

1.281Breath Volume 15:01

0.000Air Blank 15:02

0.000Air Blank 15:03

# 3 0.268Subject Sample 15:04

1.300Breath Volume 15:04

0.000Air Blank 15:05

0.079Control Test 15:05

0.000Air Blank 15:05

OKDiagnostics Check 15:06

Data Download Date/Time: 10/17/2016 10:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1109/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:38

FHP Troop D

HITCHCOCK,WILLIAM

05/05/2018

09216080A3

FHP Troop D

HITCHCOCK,WILLIAM,D

SODA

08/29/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.100Subject Sample 23:52

2.312Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.100Subject Sample 23:55

1.613Breath Volume 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 09/30/2016 22:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006636CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1709/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

22:58

FHP Troop D

HITCHCOCK,WILLIAM

05/05/2018

09216080A3

FHP Troop D

HITCHCOCK,WILLIAM,D

FORE

08/29/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:39 No Sample Provided

0.000Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2Subject Sample 00:44 No Sample Provided

0.000Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 09/30/2016 22:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:1309/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:55

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

BURGOS JR

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:08

# 1 0.196Subject Sample 22:09

1.992Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.166Subject Sample 22:13

1.453Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 3 0.166Subject Sample 22:17

1.875Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 09/28/2016 22:35

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:2609/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

23:02

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

PEREZ

08/02/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.078Control Test 23:15

0.000Air Blank 23:15

# 1 0.202Subject Sample 23:17

1.277Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.194Subject Sample 23:21

1.390Breath Volume 23:21

0.000Air Blank 23:22

0.078Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 09/28/2016 22:35

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2009/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:38

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

HERNANDEZ,ALAIN,

RIVERS

09/28/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1 0.196Subject Sample 03:47 Volume Not Met

0.820Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:49

# 2 0.229Subject Sample 03:51 No .020 agreement

1.750Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:53

# 3 0.197Subject Sample 03:54 No .020 agreement

1.628Breath Volume 03:54

0.000Air Blank 03:55

0.076Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/26/2016 22:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006638CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:4009/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:38

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

HERNANDEZ,ALAIN,

RIVERS

09/28/2016

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.076Control Test 03:58

0.000Air Blank 03:59

# 1 0.216Subject Sample 03:59

1.910Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.224Subject Sample 04:03

1.960Breath Volume 04:03

0.000Air Blank 04:04

0.077Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/26/2016 22:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


