
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:1411/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:42

Hialeah Gardens PD

GOROTIZA,JESUS

09/05/2017

22315080A2

Hialeah Gardens PD

GOROTIZA,JESUS,

ULPIANO

10/21/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.077Control Test 21:27

0.000Air Blank 21:28

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 11/17/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3411/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:37

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2017

22315080A2

Hialeah Gardens PD

HUERTA,EDWIN,M

ARISTIZABAL

10/21/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.078Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:20 Subject Test Refused

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 11/17/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4911/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:46

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2017

22315080A2

Hialeah Gardens PD

HUERTA,EDWIN,M

AGUILERA

11/17/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

# 1 0.109Subject Sample 01:30 Volume Not Met

0.097Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.179Subject Sample 01:34

2.425Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 3 0.148Subject Sample 01:40 Volume Not Met

0.089Breath Volume 01:40

0.000Air Blank 01:40

0.074Control Test 01:41 Control Outside Tolerance

0.000Air Blank 01:41

Data Download Date/Time: 12/28/2016 09:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2511/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:46

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2017

22315080A2

Hialeah Gardens PD

HUERTA,EDWIN,M

AGUILERA

11/17/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.073Control Test 01:46 Control Outside Tolerance

0.000Air Blank 01:47

Data Download Date/Time: 12/28/2016 09:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2311/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:46

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2017

22315080A2

Hialeah Gardens PD

HUERTA,EDWIN,M

AGUILERA

11/17/2016

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.075Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.077Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 12/28/2016 09:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5211/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:05

Bay Harbor Island PD

GABRIEL,BOBBY

09/05/2017

22315080A2

Surfside PD

MUNSCHY,PATRICK,R

WARREN

11/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.077Control Test 03:46

0.000Air Blank 03:46

# 1 0.210Subject Sample 03:47

2.277Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.217Subject Sample 03:50

2.523Breath Volume 03:50

0.000Air Blank 03:50

0.076Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 12/14/2016 09:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:38:5311/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:12

08:46

Aventura PD

BURNS,JEFFREY

09/05/2017

22315080A2

Aventura PD

BURNS,JEFFREY,J

KRECHMAR

11/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:32

0.000Air Blank 09:33

0.078Control Test 09:33

0.000Air Blank 09:34

# 1 0.000Subject Sample 09:34

2.000Breath Volume 09:34

0.000Air Blank 09:35

0.000Air Blank 09:37

# 2 0.000Subject Sample 09:37

1.277Breath Volume 09:37

0.000Air Blank 09:37

0.077Control Test 09:38

0.000Air Blank 09:38

OKDiagnostics Check 09:38

Data Download Date/Time: 12/14/2016 09:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:5211/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:36

Miami-Dade PD

FRANCO,GREGORY

09/05/2017

22315080A2

Miami-Dade PD

FRANCO,GREGORY,R

GARCIA GARCIA

11/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:36

0.077Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/14/2016 09:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:2111/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:50

Aventura PD

COFFEY,CHRISTIE

09/05/2017

22315080A2

Aventura PD

MAESTRE,HANS,

SOTOLONGO

11/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:41

# 1 0.000Subject Sample 20:44

1.585Breath Volume 20:44

Air Blank 20:44 RFI Detect

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 12/14/2016 09:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:2311/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:45

Aventura PD

COFFEY,CHRISTIE

09/05/2017

22315080A2

Aventura PD

MAESTRE,HANS,

SOTOLONGO

11/08/2016

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.078Control Test 20:48

0.000Air Blank 20:49

# 1 0.000Subject Sample 20:51

1.640Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.000Subject Sample 20:55

1.113Breath Volume 20:55

0.000Air Blank 20:55

0.077Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 12/14/2016 09:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4311/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:41

Jacksonville SO

CAMACHO,K

02/05/2018

01316080A2

Neptune Beach PD

HALLIDAY,ROBERT,A

WALKER

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.073Subject Sample 01:06

3.417Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:08

# 2 0.076Subject Sample 01:09

3.605Breath Volume 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5111/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:10

Jacksonville SO

FISETTE,J

02/05/2018

01316080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

MILTON

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.079Control Test 21:47

0.000Air Blank 21:47

# 1 0.008Subject Sample 21:49

2.277Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.000Subject Sample 21:52

1.859Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:4511/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

02:45

Jacksonville SO

KERSHAW,S

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

WARD

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

# 1Subject Sample 04:26 Subject Test Refused

0.000Breath Volume 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:2711/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

21:30

Jacksonville SO

NEWKIRK,J

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

WILLIAMS

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.079Control Test 05:45

0.000Air Blank 05:45

# 1 0.069Subject Sample 05:46

2.808Breath Volume 05:46

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.069Subject Sample 05:48

2.308Breath Volume 05:48

0.000Air Blank 05:49

0.080Control Test 05:49

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4811/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

02:50

Jacksonville SO

VANHOF,J

02/05/2018

01316080A2

Atlantic Beach PD

HALLIDAY,ROBERT,A

PIERRE

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

# 1 0.111Subject Sample 04:37

1.386Breath Volume 04:37

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.122Subject Sample 04:41

1.386Breath Volume 04:41

0.000Air Blank 04:41

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3111/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:40

Jacksonville SO

GARCIA,J

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

THOMPSON

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1 0.126Subject Sample 02:50

2.738Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.131Subject Sample 02:54

3.667Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4511/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:30

Jacksonville SO

HESS,T

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

KOENIG

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.122Subject Sample 03:07

3.597Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.123Subject Sample 03:11

2.937Breath Volume 03:11

0.000Air Blank 03:11

0.078Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1411/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:50

Jacksonville SO

MOELLER,R

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

HOLMES

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:0111/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:45

Jacksonville SO

GARCIA,J

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

FORSTER

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:06

# 1 0.154Subject Sample 01:07

2.507Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.164Subject Sample 01:10

2.636Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:12

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:1611/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

16:43

Jacksonville SO

BROWN,T

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

CLARK

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.078Control Test 18:56

0.000Air Blank 18:57

# 1 0.258Subject Sample 18:58

1.777Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.266Subject Sample 19:02

1.578Breath Volume 19:02

0.000Air Blank 19:03

0.079Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:3411/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

19:45

Jacksonville SO

BAI,S

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

GATTI

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:45

0.078Control Test 21:45

0.000Air Blank 21:46

# 1 0.254Subject Sample 21:47

1.492Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:49

# 2 0.237Subject Sample 21:51

1.238Breath Volume 21:51

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2211/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

20:23

Jacksonville SO

FILBERT,E

02/05/2018

01316080A2

Jacksonville Beach

THIGPEN,J,T

RESICO

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:53

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3911/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:56

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

PRATTS

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3511/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:47

Jacksonville SO

HEALY,G

02/05/2018

01316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,]

HAKIM

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.144Subject Sample 03:33

1.722Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.122Subject Sample 03:36

1.339Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 3 0.129Subject Sample 03:39

2.195Breath Volume 03:39

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2311/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

02:48

Jacksonville SO

PARSLEY,M

02/05/2018

01316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

THOMPSON

10/27/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

# 1 0.094Subject Sample 04:50

2.468Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.086Subject Sample 04:53

1.726Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 11/15/2016 13:00

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:2911/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

16:30

Jacksonville SO

DUPUY,J

02/05/2018

01316080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

TERRY

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.079Control Test 19:05

0.000Air Blank 19:05

# 1 0.000Subject Sample 19:06

1.636Breath Volume 19:06

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.000Subject Sample 19:11

1.863Breath Volume 19:11

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1311/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:00

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

BERREY,SHANON,E

YATES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.295Subject Sample 00:42

1.109Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.295Subject Sample 00:45

2.347Breath Volume 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:0011/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:30

Jacksonville SO

HESS,T

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

SHINN

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.079Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:21

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:4911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:29

Jacksonville SO

BAI,S

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

ELEKES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:08:0411/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:44

11:30

Jacksonville SO

CLARK,PHILLIP

02/05/2018

01316080A2

Jacksonville SO

WILLIAMS,FELICIA,D

PARSONS

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:05

0.000Air Blank 13:05

0.080Control Test 13:05

0.000Air Blank 13:06

# 1Subject Sample 13:06 Subject Test Refused

0.000Breath Volume 13:06

0.000Air Blank 13:07

0.079Control Test 13:07

0.000Air Blank 13:07

OKDiagnostics Check 13:08

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:10:2711/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

17:07

Jacksonville SO

BRYANT,R

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

DEATON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:04

0.079Control Test 19:04

0.000Air Blank 19:05

# 1 0.045Subject Sample 19:05

3.183Breath Volume 19:05

0.000Air Blank 19:06

0.000Air Blank 19:08

# 2 0.041Subject Sample 19:09

1.378Breath Volume 19:09

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

OKDiagnostics Check 19:10

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4011/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:29

Jacksonville SO

BRYANT,R

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

ACEVEDO

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.168Subject Sample 01:52

2.449Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.156Subject Sample 01:55

1.593Breath Volume 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0811/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:11

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

KLINGER

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1 0.148Subject Sample 03:47

2.535Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.143Subject Sample 03:50

2.953Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:2611/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

19:27

Jacksonville SO

BRYANT,R

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

SHELTON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.127Subject Sample 21:28

1.277Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.124Subject Sample 21:31

1.355Breath Volume 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5211/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:35

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

RODRIGUEZ

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.165Subject Sample 02:01

2.925Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.175Subject Sample 02:04

2.406Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:3111/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:09

16:00

Jacksonville SO

GARCIA,J

02/05/2018

01316080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

PERRYMAN

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:32

0.080Control Test 17:32

0.000Air Blank 17:33

# 1 0.000Subject Sample 17:33

3.535Breath Volume 17:33

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.000Subject Sample 17:37

3.519Breath Volume 17:37

0.000Air Blank 17:37

0.080Control Test 17:37

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:5711/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

18:15

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

RANDOLPH

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.080Control Test 20:01

0.000Air Blank 20:01

# 1 0.103Subject Sample 20:02

2.214Breath Volume 20:02

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.105Subject Sample 20:05

1.988Breath Volume 20:05

0.000Air Blank 20:06

0.079Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:0511/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:29

Jacksonville SO

MOSLEY,M

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

DINCHER

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:22

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:1011/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

17:50

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

JACK

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:53

0.079Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:19:2911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:52

14:30

Jacksonville SO

ARDIZZONI,A

02/05/2018

01316080A2

Jacksonville SO

TAYLOR,TIMOTHY,P

NEWBOLD

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:13

0.000Air Blank 15:13

0.080Control Test 15:14

0.000Air Blank 15:14

# 1 0.000Subject Sample 15:15

1.871Breath Volume 15:15

0.000Air Blank 15:15

0.000Air Blank 15:17

# 2 0.000Subject Sample 15:18

1.523Breath Volume 15:18

0.000Air Blank 15:18

0.080Control Test 15:18

0.000Air Blank 15:19

OKDiagnostics Check 15:19

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5411/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:15

Jacksonville SO

HOOVER,J

02/05/2018

01316080A2

Jacksonville SO

HALLIDAY,ROBERT,A

HUNT

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:3011/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:22

Jacksonville SO

EANES,J

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

WARTHEN

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

# 1 0.184Subject Sample 00:02

1.867Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.187Subject Sample 00:05

1.957Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3011/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

01:55

Jacksonville SO

EANES,J

02/05/2018

01316080A2

Jacksonville SO

BERRY,SHANON,E

PITNEY

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 11/29/2016 13:15

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:2311/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

17:15

Jacksonville SO

BRYANT,T

02/05/2018

01316080A2

Jacksonville SO

THIGPEN,J,T

AWET

11/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.079Control Test 18:57

0.000Air Blank 18:57

# 1Subject Sample 18:58 Subject Test Refused

0.000Breath Volume 18:58

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 12/15/2016 11:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:39:0411/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

08:30

Jacksonville SO

MILOWICKI,S

02/05/2018

01316080A2

Jacksonville SO

ROBINSON,ERICKA,L

HARRIS

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:32

0.000Air Blank 12:33

0.079Control Test 12:33

0.000Air Blank 12:33

# 1 0.000Subject Sample 12:34

4.273Breath Volume 12:34

0.000Air Blank 12:35

0.000Air Blank 12:37

# 2 0.000Subject Sample 12:37

3.566Breath Volume 12:37

0.000Air Blank 12:38

0.080Control Test 12:38

0.000Air Blank 12:38

OKDiagnostics Check 12:39

Data Download Date/Time: 11/15/2016 12:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1211/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

23:41

Jacksonville SO

HENDLEY,R

02/05/2018

01316080A2

FHP Troop G

BOSTON,D,D

WILLIAMS

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.157Subject Sample 03:21

1.792Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.156Subject Sample 03:24

1.585Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/15/2016 12:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1311/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:52

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

HARRISON

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.340Subject Sample 04:00

2.648Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.328Subject Sample 04:03

2.585Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/15/2016 12:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2211/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:50

Jacksonville SO

MOELLER,R

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

BLACKSTON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

# 1 0.050Subject Sample 02:05

1.910Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.050Subject Sample 02:08

1.957Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:0011/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

21:19

Jacksonville SO

COHILL,D

02/05/2018

01316080A2

Jacksonville Beach

BOSTON,DONALD,D

GROVES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.078Subject Sample 23:40

2.914Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.070Subject Sample 23:43

1.585Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:45

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:2611/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:03

Jacksonville SO

CAMACHO,K

02/05/2018

01316080A2

Neptune Beach PD

BOSTON,DONALD,D

SALINAS

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2811/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

23:36

Jacksonville SO

MOORE,A.L.

02/05/2018

01316080A2

Atlantic Beach PD

WEBER,JOSEPH,L

SMITH

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

# 1 0.093Subject Sample 02:10

1.265Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.094Subject Sample 02:13

1.378Breath Volume 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:21:1711/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:10

Jacksonville SO

MILOWICKI,S

02/05/2018

01316080A2

Jacksonville SO

ROBINSON,E,L

PATTERSON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:13

0.000Air Blank 08:14

0.080Control Test 08:14

0.000Air Blank 08:15

# 1 0.177Subject Sample 08:16

3.695Breath Volume 08:16

0.000Air Blank 08:17

0.000Air Blank 08:19

# 2 0.188Subject Sample 08:19

3.746Breath Volume 08:19

0.000Air Blank 08:20

0.080Control Test 08:20

0.000Air Blank 08:21

OKDiagnostics Check 08:21

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1111/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

23:50

Jacksonville SO

HOLLOWAY,J

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

GREEN

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.117Subject Sample 01:22

1.742Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.114Subject Sample 01:25

1.523Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5411/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

23:15

Jacksonville SO

HOLTON,R

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

MCCOMBS

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.110Subject Sample 03:32

1.789Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.106Subject Sample 03:36

3.324Breath Volume 03:36

0.000Air Blank 03:36

0.080Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:3911/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

21:55

Jacksonville SO

ROBINSON,T

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

GORDON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4511/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:15

Jacksonville SO

MARRERO,J

02/05/2018

01316080A2

Jacksonville SO

BOSTON,DONALD,D

ABELL

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 11/29/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:2911/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

18:20

Jacksonville SO

VICKERY,N

02/05/2018

01316080A2

Jacksonville SO

RAMIREZ,A,M

RAYBURN

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1 0.081Subject Sample 21:30

3.347Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.078Subject Sample 21:33

2.136Breath Volume 21:33

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:0611/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

20:25

Jacksonville SO

BACOLOR,A

02/05/2018

01316080A2

Jacksonville Beach

DASHER,JOSHUA,L

KOPP

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

# 1Subject Sample 22:50 Subject Test Refused

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3511/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:25

Jacksonville SO

MEDINA,J

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

SANTIAGO COLON

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 04:59

# 1Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1411/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:30

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

MARTELL,CHRISTOPHER,D

BROWN

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

# 1 0.246Subject Sample 22:53

2.710Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.217Subject Sample 22:56

1.558Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 3 0.224Subject Sample 23:00

1.343Breath Volume 23:00

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4411/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:00

Jacksonville SO

GARCIA,J

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

HERNANDEZ

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

# 1 0.209Subject Sample 02:58

2.070Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.215Subject Sample 03:01

1.507Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:4711/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

16:50

Jacksonville SO

BROWN,W

02/05/2018

01316080A2

Jacksonville Beach

RAMIREZ,A,M

VALDES

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.079Control Test 19:15

0.000Air Blank 19:16

# 1Subject Sample 19:16 Subject Test Refused

0.000Breath Volume 19:16

0.000Air Blank 19:16

0.080Control Test 19:17

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2411/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:15

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

RAMIREZ,A,M

MCKENNA

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

0.000Air Blank 22:52

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3111/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:25

Jacksonville SO

CAMACHO,K

02/05/2018

01316080A2

Neptune Beach PD

DASHER,JOSHUA,L

REED

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

# 1Subject Sample 00:59 Subject Test Refused

0.000Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4011/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:18

Jacksonville SO

MOSLEY,M

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

WHEELER

10/28/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:54

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/15/2016 12:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:3911/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

18:23

Jacksonville SO

THOMPSON,M

02/05/2018

01316080A2

Atlantic Beach PD

MARTELL,CHRISTOPHER,D

ANDRES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:35

0.000Air Blank 20:35

0.080Control Test 20:36

0.000Air Blank 20:36

# 1 0.247Subject Sample 20:39 Volume Not Met

0.636Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.273Subject Sample 20:43

1.761Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 3 0.278Subject Sample 20:46

1.667Breath Volume 20:46

0.000Air Blank 20:47

0.076Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2511/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:18

Jacksonville SO

BRYANT,R

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

MARSHALL

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1 0.167Subject Sample 04:53

1.804Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.168Subject Sample 04:56

2.023Breath Volume 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0611/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:35

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

BATES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.017Subject Sample 22:58

1.605Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.016Subject Sample 23:01

1.843Breath Volume 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4311/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

23:59

Jacksonville SO

STANLEY,T

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

COLE

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1611/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

00:40

Jacksonville SO

HOOVER,J

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

MILTON

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.000Subject Sample 02:25

1.214Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.000Subject Sample 02:27

1.492Breath Volume 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2711/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:00

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

REYES

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

# 1 0.123Subject Sample 03:01

2.550Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.124Subject Sample 03:04

2.277Breath Volume 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4711/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:36

Jacksonville SO

WALKER,A

02/05/2018

01316080A2

Jacksonville SO

DASHER,JOSHUA,L

MORENCY

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1Subject Sample 04:01 Subject Test Refused

0.000Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:5911/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:09

05:15

Jacksonville SO

MORROW,JENNIFER

02/05/2018

01316080A2

Jacksonville SO

SPICER,LORETHA,A

HARRIS

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:29

0.000Air Blank 07:30

0.080Control Test 07:30

0.000Air Blank 07:31

# 1 0.164Subject Sample 07:31

1.453Breath Volume 07:31

0.000Air Blank 07:32

0.000Air Blank 07:34

# 2 0.165Subject Sample 07:34

1.617Breath Volume 07:34

0.000Air Blank 07:35

0.081Control Test 07:35

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:1411/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:04

15:43

Jacksonville SO

ARKIN,P

02/05/2018

01316080A2

FFWCC (Lake City)

KOENIG,DUSTIN,J

HERRING

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:25

0.000Air Blank 16:25

0.080Control Test 16:26

0.000Air Blank 16:26

# 1Subject Sample 16:26 Subject Test Refused

0.000Breath Volume 16:26

0.000Air Blank 16:27

0.079Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:1611/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

18:25

Jacksonville SO

COHILL,D

02/05/2018

01316080A2

Jacksonville Beach

KOENIG,DUSTIN,J

COOPER

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:31

# 1 0.139Subject Sample 21:32

1.605Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:34

# 2 0.154Subject Sample 21:35

3.066Breath Volume 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:09:5011/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

06:58

Jacksonville SO

TORRES,W

02/05/2018

01316080A2

Neptune Beach PD

DEVEREAUX,MICHAEL,C

SCRUGGS

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:06

0.000Air Blank 09:07

0.080Control Test 09:07

0.000Air Blank 09:08

# 1Subject Sample 09:08 Subject Test Refused

0.000Breath Volume 09:08

0.000Air Blank 09:08

0.080Control Test 09:09

0.000Air Blank 09:09

OKDiagnostics Check 09:09

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0411/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

20:31

Jacksonville SO

BRYANT,R

02/05/2018

01316080A2

Jacksonville SO

CAUSEY,JOHN,C

SWINDELL

11/15/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

# 1 0.024Subject Sample 22:30

2.058Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 2 0.024Subject Sample 22:33

2.207Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:35

Data Download Date/Time: 11/29/2016 13:07

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:2511/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

17:39

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

CAUSEY,JOHN,C

MATTHEWS

11/29/2016

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.079Control Test 19:26

0.000Air Blank 19:26

# 1Subject Sample 19:27 Subject Test Refused

0.000Breath Volume 19:27

0.000Air Blank 19:27

0.079Control Test 19:27

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 12/15/2016 11:14

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0211/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:04

Nassau County SO

DELEON,L

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

RODRIGUEZ

10/19/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:09

# 1 0.054Subject Sample 00:10

3.062Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.049Subject Sample 00:13

1.722Breath Volume 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 11/08/2016 08:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3611/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:59

Nassau County SO

BALLARD,J

09/05/2017

22315080A3

Nassau County SO

CAMPBELL,D,R

ANDERSON

10/19/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 11/08/2016 08:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:5411/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:30

Nassau County SO

REYNOLDS,M

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

HITZGES

10/19/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.081Control Test 20:36

0.000Air Blank 20:37

# 1Subject Sample 20:37 Subject Test Refused

0.000Breath Volume 20:37

0.000Air Blank 20:37

0.081Control Test 20:38

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 11/08/2016 08:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1711/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:54

FHP Troop G

BOWEN,J

09/05/2017

22315080A3

FHP Troop G

BOWEN,J,W

EDWARDS

10/19/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

# 1 0.202Subject Sample 23:48

1.480Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.202Subject Sample 23:51

2.238Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 11/08/2016 08:55

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:2211/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:54

Nassau County SO

DELACRU,M.C

09/05/2017

22315080A3

Nassau County SO

HOLLIMON,HOLLIMON,L

ALVAREZ

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.082Control Test 00:01

0.000Air Blank 00:02

# 1 0.169Subject Sample 00:04

1.984Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.161Subject Sample 00:06

1.179Breath Volume 00:06

0.000Air Blank 00:07

0.078Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2311/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:37

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

LEAVITT

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

# 1 0.227Subject Sample 02:51

2.816Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.235Subject Sample 02:54

2.878Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4211/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:02

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

WINGATE

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

# 1 0.156Subject Sample 00:33

3.210Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.142Subject Sample 00:36

1.652Breath Volume 00:36

0.000Air Blank 00:36

0.080Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0011/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:14

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

STOCKARD

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:32

# 1 0.147Subject Sample 01:32

2.738Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.139Subject Sample 01:35

1.871Breath Volume 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:37

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0811/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:09

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

GUSTAFSON

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

# 1 0.100Subject Sample 23:13

2.367Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.089Subject Sample 23:16

1.785Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:4111/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:59

17:44

Nassau County SO

HUNTER,M

09/05/2017

22315080A3

Nassau County SO

THORNTON,N,E

ULISSI

11/08/2016

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:20

0.079Control Test 19:20

0.000Air Blank 19:20

# 1 0.206Subject Sample 19:21

2.058Breath Volume 19:21

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.207Subject Sample 19:24

2.542Breath Volume 19:24

0.000Air Blank 19:24

0.080Control Test 19:25

0.000Air Blank 19:25

OKDiagnostics Check 19:25

Data Download Date/Time: 12/19/2016 07:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:1911/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:32

Gilchrist County SO

CUMBIE,REBECCA

01/12/2019

259585

Gilchrist County SO

HUGHES,MANDY,A

COOPER

10/21/2016

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.079Control Test 20:07

0.000Air Blank 20:07

# 1 0.181Subject Sample 20:08

2.156Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.183Subject Sample 20:11

1.777Breath Volume 20:11

0.000Air Blank 20:12

0.077Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 11/29/2016 16:42

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:5911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:26

FHP Troop B

FULTON,DARIN

01/12/2019

259585

FHP Troop B

FULTON,DARIN,M

LINDSEY

10/21/2016

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:15

# 1Subject Sample 21:19 No Sample Provided

0.000Breath Volume 21:19

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.098Subject Sample 21:22

1.781Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 3 0.095Subject Sample 21:25

2.675Breath Volume 21:25

0.000Air Blank 21:26

0.077Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 11/29/2016 16:42

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001288CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:0211/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:50

FHP Troop G

SEAY,JOSHUA

03/09/2018

1824329

FHP Troop G

SEAY,JOSHUA,W

WELLS

10/31/2016

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

# 1 0.000Subject Sample 04:40

3.742Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.000Subject Sample 04:43

3.734Breath Volume 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:45

Data Download Date/Time: 11/30/2016 16:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:3911/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

18:53

Union County SO

JANKOWSKI,JAMES

03/09/2018

1824329

Union County SO

JANKOWSKI,JAMES,F

REGISTER

11/30/2016

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:40

# 1Subject Sample 22:40 Subject Test Refused

0.000Breath Volume 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 12/30/2016 16:09

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:18:4211/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:48

10:30

Bradford County SO

WITT,BRADLEY

07/14/2018

AG619605

Bradford County SO

WITT,BRADLEY,G

STARLING

10/18/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:08

0.000Air Blank 11:08

0.079Control Test 11:09

0.000Air Blank 11:09

# 1Subject Sample 11:12 No Sample Provided

0.000Breath Volume 11:12

0.000Air Blank 11:13

0.000Air Blank 11:15

# 2Subject Sample 11:17 Subject Test Refused

0.000Breath Volume 11:17

0.000Air Blank 11:17

0.080Control Test 11:18

0.000Air Blank 11:18

OKDiagnostics Check 11:18

Data Download Date/Time: 11/25/2016 10:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4911/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:40

Bradford County SO

MCREE,GHARETT

07/14/2018

AG619605

Bradford County SO

GORDON,RUSSELL,B

YOUNG

10/18/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.211Subject Sample 02:02

1.652Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.213Subject Sample 02:08

2.183Breath Volume 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 11/25/2016 10:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3311/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:01

Bradford County SO

WALLACE,AMANDA

07/14/2018

AG619605

Bradford County SO

HULLENDER,ROBERT,S

TAURO

10/18/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.080Control Test 23:56

0.000Air Blank 23:56

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 11/25/2016 10:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5411/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:47

Bradford County SO

OTTOMEYER,JAMES

07/14/2018

AG619605

Bradford County SO

MURRAY,JOSHUA,M

MILLER

11/25/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/31/2016 08:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1311/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:58

Bradford County SO

OTTOMEYER,JAMES

07/14/2018

AG619605

Bradford County SO

WITT,BRADLEY,G

HUDSON

11/25/2016

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:30

0.077Control Test 21:30

0.000Air Blank 21:30

# 1Subject Sample 21:34 No Sample Provided

0.000Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/31/2016 08:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:2011/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:06

Levy County SO

VANDUREN,JUSTIN

07/14/2018

AG619605

Levy County SO

SNYDER,SCOTT,L

CANNON

11/14/2016

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1 0.213Subject Sample 22:00

2.292Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.207Subject Sample 22:03

1.496Breath Volume 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 01/06/2017 16:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3411/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:36

Levy County SO

PARK,RYAN

07/14/2018

AG619605

Levy County SO

LESHER,TIFFANY,A

WESTBURY

11/14/2016

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:04

0.000Air Blank 05:04

0.081Control Test 05:04

0.000Air Blank 05:05

# 1 0.180Subject Sample 05:07

2.406Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.184Subject Sample 05:10

1.578Breath Volume 05:10

0.000Air Blank 05:10

0.081Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 01/06/2017 16:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5411/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:34

Levy County SO

DEAN,JEREMY

07/14/2018

AG619605

Levy County SO

MAYFIELD,TOM,F

SHAFFER

11/14/2016

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 01/06/2017 16:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:5411/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

17:06

Williston PD

LANDIS,BRYAN

12/10/2018

203498

Williston PD

LANDIS,BRYAN,S

NELSON

10/24/2016

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:48

0.080Control Test 17:48

0.000Air Blank 17:49

# 1Subject Sample 17:52 No Sample Provided

0.000Breath Volume 17:52

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2Subject Sample 17:55 Subject Test Refused

0.000Breath Volume 17:55

0.000Air Blank 17:56

0.080Control Test 17:56

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 11/24/2016 08:38

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0011/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

00:40

00:01

Santa Rosa County SO

ADAMS,WILLIAM

11/11/2016

AG431502

Santa Rosa County SO

ADAMS,WILLIAM,E

LEWIS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 11/30/2016 15:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3911/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

00:40

00:01

Santa Rosa County SO

ADAMS,WILLIAM

11/11/2016

AG431502

Santa Rosa County SO

ADAMS,WILLLIAM,E

LEWIS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:10

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 11/30/2016 15:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5611/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

00:40

00:01

Santa Rosa County SO

ADAMS,WILLIAM

11/11/2016

AG431502

Santa Rosa County SO

ADAMS,WILLIAM,E

LEWIS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:18 Subject Test Refused

0.167Breath Volume 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/30/2016 15:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1911/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:17

Santa Rosa County SO

TUSLER,DANNY

11/11/2016

AG431502

Santa Rosa County SO

TUSLER,DANNY,K

HALL

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

# 1Subject Sample 01:26 Sequence Aborted

0.000Breath Volume 01:26

0.000Air Blank 01:27

Data Download Date/Time: 11/30/2016 15:02

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2211/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:17

Santa Rosa County SO

TUSLER,DANNY

11/11/2016

AG431502

Santa Rosa County SO

TUSLER,DANNY,K

HALL

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:34 No Sample Provided

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2Subject Sample 01:40 No Sample Provided

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0111/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:41

Santa Rosa County SO

HARTZOG,ROBERT

11/11/2016

AG431502

Santa Rosa County SO

HARTZOG,ROBERT,B

6360102052011383375=

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1 0.126Subject Sample 00:02

3.742Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.118Subject Sample 00:05

3.347Breath Volume 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:2611/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:41

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

GARLAND

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.056Subject Sample 04:29

4.292Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.055Subject Sample 04:32

3.949Breath Volume 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:1511/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:58

Santa Rosa County SO

MILLER,DANNY

11/11/2016

AG431502

Santa Rosa County SO

MILLER,DANNY,A

MILLER

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.081Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:59:4711/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:33

06:29

Santa Rosa County SO

MOYE,JAMES

11/11/2016

AG431502

Santa Rosa County SO

MOYE,JAMES,M

SIMPSON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:53

0.000Air Blank 07:53

0.080Control Test 07:54

0.000Air Blank 07:54

# 1 0.000Subject Sample 07:55

2.968Breath Volume 07:55

0.000Air Blank 07:55

0.000Air Blank 07:57

# 2 0.000Subject Sample 07:58

3.117Breath Volume 07:58

0.000Air Blank 07:58

0.081Control Test 07:59

0.000Air Blank 07:59

OKDiagnostics Check 07:59

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:4411/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:27

FHP Troop A

KARASEK,DAVID

11/11/2016

AG431502

FHP Troop A

KARASEK,DAVID,J

JENSEN

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.080Control Test 20:13

0.000Air Blank 20:13

# 1 0.141Subject Sample 20:14

3.015Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:16

# 2 0.133Subject Sample 20:17

1.984Breath Volume 20:17

0.000Air Blank 20:17

0.079Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:1211/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:57

Santa Rosa County SO

POND,CURTIS

03/25/2018

AG608505

Santa Rosa County SO

DOGGETTE,MASON,J

WEATHERSBY

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.199Subject Sample 21:18

1.980Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.218Subject Sample 21:21

2.671Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:0911/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:48

Santa Rosa County SO

SCHOTSCH,RYAN

03/25/2018

AG08505

Santa Rosa County SO

SCHOTSCH,RYAN,A

SMITH

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

# 1 0.118Subject Sample 01:02

2.914Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.114Subject Sample 01:05

2.773Breath Volume 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5911/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:30

FHP Troop A

BAKER,DAVID

11/11/2016

AG431502

FHP Troop A

BAKER,DAVID,R

BENGSTON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

# 1 0.000Subject Sample 02:13

5.210Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.000Subject Sample 02:16

5.261Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3511/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

11:23

FHP Troop A

WARD,BENJAMIN

03/25/2018

AG431502

FHP Troop A

WARD,BENJAMIN,D

ESCOBAR-COBON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:22

0.000Air Blank 00:23

# 1 0.244Subject Sample 00:25

2.707Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.250Subject Sample 00:27

1.363Breath Volume 00:27

0.000Air Blank 00:28

0.077Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1211/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:02

Santa Rosa County SO

HALL,NATHAN

11/11/2016

AG431502

Santa Rosa County SO

HALL,NATHAN,D

LASHBROOK

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.190Subject Sample 01:22

1.882Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.180Subject Sample 01:25

1.660Breath Volume 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0511/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:19

Santa Rosa County SO

STOVALL,SHERI

11/11/2016

AG431502

Santa Rosa County SO

STOVALL,SHERI,L

JACKSON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:04

# 1Subject Sample 00:08 No Sample Provided

0.000Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:3111/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

17:38

Santa Rosa County SO

NEFF,FORREST

03/25/2018

AG608505

Santa Rosa County SO

NEFF,FORREST,T

DIAZ DELGADO

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.081Control Test 18:36

0.000Air Blank 18:36

# 1 0.263Subject Sample 18:38

1.449Breath Volume 18:38

0.000Air Blank 18:39

0.000Air Blank 18:41

# 2 0.279Subject Sample 18:41

1.164Breath Volume 18:41

0.000Air Blank 18:42

0.079Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:5911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:42

Santa Rosa County SO

MOYE,JAMES

11/11/2016

AG431502

Santa Rosa County SO

MOYE,JAMES,M

CALDWELL

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:46

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:47

# 1Subject Sample 06:50 No Sample Provided

0.000Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2Subject Sample 06:53 Subject Test Refused

0.000Breath Volume 06:53

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1211/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:07

FHP Troop A

PASCHAL,THOMAS

11/11/2016

AG431502

FHP Troop A

PASCHAL,THOMAS,C

PRITCHETT

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:04

# 1Subject Sample 23:05 RFI Detect

0.000Breath Volume 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:4811/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:07

FHP Troop A

PASCHAL,THOMAS

11/11/2016

AG431502

FHP Troop A

PASCHAL,THOMAS,C

PRITCHETT

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.148Subject Sample 23:15

1.996Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.150Subject Sample 23:19

2.101Breath Volume 23:19

0.000Air Blank 23:19

0.079Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2311/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:46

FHP Troop A

BAKER,DAVID

03/25/2018

AG608505

FHP Troop A

BAKER,DAVID,R

PERKINS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.015Subject Sample 02:25

1.960Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.013Subject Sample 02:27

2.929Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:2711/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:01

Santa Rosa County SO

RUSNAK,BRANDEN

05/25/2018

AG608505

Santa Rosa County SO

RUSNAK,BRANDEN,M

SHOULTS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.079Control Test 05:34

0.000Air Blank 05:35

# 1 0.171Subject Sample 05:36

3.718Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.161Subject Sample 05:39

3.734Breath Volume 05:39

0.000Air Blank 05:40

0.079Control Test 05:40

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:5211/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:16

Santa Rosa County SO

WALLACE,CHRISTOPHER

05/25/2018

AG608505

Santa Rosa County SO

WALLACE,CHRISTOPHER,L

JOHNSON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

# 1Subject Sample 22:24 Sequence Aborted

0.082Breath Volume 22:24

0.000Air Blank 22:24

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4011/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:16

Santa Rosa County SO

WALLACE,CHRISTOPHER

05/25/2018

AG608505

Santa Rosa County SO

WALLACE,CHRISTOPHER,L

JOHNSON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:31

# 1 0.000Subject Sample 22:33

2.253Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.000Subject Sample 22:36

2.839Breath Volume 22:36

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5011/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:33

Santa Rosa County SO

RAMIREZ,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

RAMIREZ,MICHAEL,E

ROSA

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:24

# 1 0.107Subject Sample 00:25

1.242Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.104Subject Sample 00:29

2.656Breath Volume 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:28:3211/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:44

Santa Rosa County SO

LOHACHAREONVANICH,VANI
SSA

03/25/2018

AG608505

Santa Rosa County SO

LOHACHAREONVANICH,VANISS
A,

KINGSMILL III

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:24

0.081Control Test 09:24

0.000Air Blank 09:25

# 1Subject Sample 09:27 Subject Test Refused

0.000Breath Volume 09:27

0.000Air Blank 09:27

0.082Control Test 09:27

0.000Air Blank 09:28

OKDiagnostics Check 09:28

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1111/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:50

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

HAMPTON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1 0.166Subject Sample 01:29

2.292Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.169Subject Sample 01:32

3.761Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0111/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:31

Santa Rosa County SO

VINCENT,EDWARD

11/11/2016

AG431502

Santa Rosa County SO

MILLER,DANNY,A

REYNOLDS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.075Control Test 22:03

0.000Air Blank 22:04

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.075Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:06

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:0611/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:11

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

WOLTZ

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.051Subject Sample 04:09

1.617Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.053Subject Sample 04:12

2.082Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:1611/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:25

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

LAUDIG

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.105Subject Sample 01:48 Volume Not Met

0.078Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2Subject Sample 01:53 No Sample Provided

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2711/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:00

Santa Rosa County SO

BERRIAN,ALTON

11/11/2016

AG431502

Santa Rosa County SO

BERRIAN,ALTON,D

CHI

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

# 1 0.223Subject Sample 03:11

3.035Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.217Subject Sample 03:14

1.554Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:0311/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:11

13:31

Santa Rosa County SO

RICHMOND,BRENDAN

03/25/2018

AG608505

Santa Rosa County SO

RICHMOND,BRENDAN,B

JONES

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:32

0.000Air Blank 14:32

0.079Control Test 14:32

0.000Air Blank 14:33

# 1Subject Sample 14:33 Subject Test Refused

0.000Breath Volume 14:33

0.000Air Blank 14:34

0.080Control Test 14:34

0.000Air Blank 14:34

OKDiagnostics Check 14:35

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:5111/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:35

Santa Rosa County SO

GRUBBS,CLAY

11/11/2016

AG431502

Santa Rosa County SO

GRUBBS,CLAY,R

PETERSON

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:3211/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:21

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

SMITH

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1511/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:58

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

WILLIAMS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

# 1 0.141Subject Sample 04:45

2.906Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.137Subject Sample 04:48

2.890Breath Volume 04:48

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3711/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:44

Santa Rosa County SO

DOGGETTE,MASON

03/25/2018

AG608505

Santa Rosa County SO

DOGGETTE,MASON,J

DAVIS

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

# 1 0.200Subject Sample 21:39

2.132Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.193Subject Sample 21:42

1.136Breath Volume 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:5211/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

05:23

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

STOKELY

10/25/2016

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:52

0.000Air Blank 06:53

0.080Control Test 06:53

0.000Air Blank 06:53

# 1Subject Sample 06:55 Subject Test Refused

0.000Breath Volume 06:55

0.000Air Blank 06:55

0.080Control Test 06:56

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 11/30/2016 15:03

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:2711/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:10

FHP Troop A

OPRY,JEFFREY

03/13/2017

1650824

FHP Troop A

OPRY,JEFFREY,L

WESTER

10/27/2016

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.078Control Test 18:10

0.000Air Blank 18:11

# 1 0.213Subject Sample 18:12

3.242Breath Volume 18:12

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.188Subject Sample 18:14

1.886Breath Volume 18:14

0.000Air Blank 18:15

0.000Air Blank 18:17

# 3 0.209Subject Sample 18:17

3.019Breath Volume 18:17

0.000Air Blank 18:18

0.078Control Test 18:18

0.000Air Blank 18:19

OKDiagnostics Check 18:19

Data Download Date/Time: 11/22/2016 04:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:4911/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:30

Marianna PD

KIMMICH,JAMES

03/13/2017

1650824

Marianna PD

HERNDOND,DAVID,E

ARNOLD

10/27/2016

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:13

0.000Air Blank 22:13

# 1 0.205Subject Sample 22:15

1.394Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:17

# 2 0.209Subject Sample 22:18

1.601Breath Volume 22:18

0.000Air Blank 22:18

0.077Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 11/22/2016 04:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:19:5111/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

16:01

FHP Troop A

COX,DAVID

03/13/2017

1650824

FHP Troop A

MEALOR,THOMAS,F

HOLLAND

10/27/2016

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:11

0.000Air Blank 17:12

0.080Control Test 17:12

0.000Air Blank 17:13

# 1 0.137Subject Sample 17:14

2.207Breath Volume 17:14

0.000Air Blank 17:15

0.000Air Blank 17:17

# 2 0.125Subject Sample 17:18

1.742Breath Volume 17:18

0.000Air Blank 17:18

0.079Control Test 17:19

0.000Air Blank 17:19

OKDiagnostics Check 17:19

Data Download Date/Time: 11/22/2016 04:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5211/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

19:44

FHP Troop A

SOLOMON,JEREMY

03/13/2017

1650824

FHP Troop A

OPRY,WILLIAM,J

WEBER

10/27/2016

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.079Control Test 20:58

0.000Air Blank 20:59

# 1 0.256Subject Sample 20:59

1.726Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:01

# 2 0.249Subject Sample 21:02

1.812Breath Volume 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 11/22/2016 04:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2211/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:07

Madison County SO

DEWEY,JARED

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

GUTIERREZ

11/03/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

# 1 0.128Subject Sample 23:47

3.628Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.129Subject Sample 23:50

3.437Breath Volume 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 12/14/2016 09:49

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:2811/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:21

Madison County SO

PIKE,BENJAMIN

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

STEVENS BROWN

11/03/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

# 1 0.182Subject Sample 20:08

2.628Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.186Subject Sample 20:11

2.343Breath Volume 20:11

0.000Air Blank 20:12

0.078Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 12/14/2016 09:49

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1611/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:28

Madison County SO

DEWEY,JARED

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

REDDING

11/03/2016

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:27

# 1 0.246Subject Sample 22:27

3.019Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.243Subject Sample 22:30

2.664Breath Volume 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 12/14/2016 09:49

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:1311/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:00

Bay County SO

BRANCH,JOSHUA

03/16/2017

AG507503

Lynn Haven PD

HICKEY,CHRISTINA,L

JENKS

10/26/2016

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:29

4.410Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.000Subject Sample 21:32

4.343Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 11/30/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:4311/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

20:05

Bay County SO

CHERI,DEPUTY

03/16/2017

AG507503

Bay County SO

CHERI,DEPUTY,M

LANZY

10/26/2016

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

# 1 0.145Subject Sample 21:38

2.328Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.142Subject Sample 21:41

1.746Breath Volume 21:41

0.000Air Blank 21:41

0.079Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 11/30/2016 13:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:03:0811/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:32

13:29

Niceville PD

USRY,STEPHEN

12/05/2016

29614080A2

Niceville PD

HOWELL,TRAVIS,F

RIDGWAY

10/06/2016

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:55

0.080Control Test 14:55

0.000Air Blank 14:56

# 1 0.205Subject Sample 14:57

1.128Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2 0.207Subject Sample 15:01

1.191Breath Volume 15:01

0.000Air Blank 15:02

0.078Control Test 15:02

0.000Air Blank 15:03

OKDiagnostics Check 15:03

Data Download Date/Time: 11/29/2016 02:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4411/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:40

Walton County SO

MAHAN,WILLIAM

10/30/2018

163437

DeFuniak Springs PD

AIMANOVICH,MATTHEW,J

TOUHEY

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

# 1Subject Sample 22:36 Subject Test Refused

0.000Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 11/19/2016 11:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:4811/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:07

FHP Troop A

KEMP,MARK

10/30/2018

163437

FHP Troop A

KEMP,MARK,A

MCBROOM

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:47

0.000Air Blank 15:48

0.081Control Test 15:48

0.000Air Blank 15:49

# 1 0.088Subject Sample 15:50

1.660Breath Volume 15:50

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.082Subject Sample 15:53

1.707Breath Volume 15:53

0.000Air Blank 15:53

0.081Control Test 15:54

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 11/19/2016 11:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0111/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:51

Walton County SO

DENNING,LUKE

10/30/2018

163437

Walton County SO

DENNING,LUKE,X

PLOWICK

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.081Control Test 22:51

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:54

Data Download Date/Time: 11/19/2016 11:17

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:1111/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

18:35

18:15

Walton County SO

HUTTO,KYLE

10/30/2018

163437

Walton County SO

HUTTO,KYLE,K

MERRITT

11/19/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:02

0.000Air Blank 19:02

# 1 0.000Subject Sample 19:02

2.011Breath Volume 19:02

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.000Subject Sample 19:05

1.636Breath Volume 19:05

0.000Air Blank 19:06

0.080Control Test 19:06

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 12/28/2016 11:24

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3211/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:38

Walton County SO

D'LASSALAS,OSCAR

10/30/2018

163437

Walton County SO

ELLISON,STEVEN,L

COATSWORTH

11/19/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:09

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 12/28/2016 11:24

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:3011/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:06

14:24

Walton County SO

WRIGHT,KALLIE

08/04/2019

507129

Walton County SO

RAWLES,COREY,M

DIMON

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:37

0.000Air Blank 15:37

0.077Control Test 15:37

0.000Air Blank 15:38

# 1Subject Sample 15:40 Subject Test Refused

0.000Breath Volume 15:40

0.000Air Blank 15:40

0.080Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:59:3411/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:06

14:24

Walton County SO

WRIGHT,KALLIE

08/04/2019

507129

Walton County SO

RAWLES,COREY,M

DIMON

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:49

# 1Subject Sample 15:52 No Sample Provided

0.000Breath Volume 15:52

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2Subject Sample 15:58 No Sample Provided

0.000Breath Volume 15:58

0.000Air Blank 15:58

0.080Control Test 15:58

0.000Air Blank 15:59

OKDiagnostics Check 15:59

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:1811/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:29

Walton County SO

MILLER,BLAZE

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

TARABICK

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.077Control Test 20:17

0.000Air Blank 20:18

# 1 0.243Subject Sample 20:18

3.148Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2 0.246Subject Sample 20:21

2.765Breath Volume 20:21

0.000Air Blank 20:22

0.073Control Test 20:22 Control Outside Tolerance

0.000Air Blank 20:23

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:4511/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:29

Walton County SO

MILLER,BLAZE

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

TARABICK

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.077Control Test 20:27

0.000Air Blank 20:27

# 1 0.255Subject Sample 20:28

2.613Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:30

# 2 0.246Subject Sample 20:31

2.488Breath Volume 20:31

0.000Air Blank 20:31

0.075Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5611/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:47

Walton County SO

RAGAN,JAMIE

08/04/2019

507129

Walton County SO

SCHULTZ,JEREMY,J

BRAY

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:58 No Sample Provided

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2Subject Sample 02:04 No Sample Provided

0.000Breath Volume 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:5011/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:12

Walton County SO

BIERNACKI,CHAD

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

KEENEY

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:32

# 1Subject Sample 20:33 Subject Test Refused

0.000Breath Volume 20:33

0.000Air Blank 20:33

0.081Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0811/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:32

Walton County SO

BIERNACKI,CHAD

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

PEREZ-MOSHAN

10/17/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.265Subject Sample 02:14

1.808Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.263Subject Sample 02:17

1.480Breath Volume 02:17

0.000Air Blank 02:18

0.076Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 11/19/2016 11:12

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1711/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:37

Walton County SO

TICE,HUNTER

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

CAWOOD

11/19/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.115Subject Sample 02:22

1.820Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:24

# 2 0.116Subject Sample 02:25

1.582Breath Volume 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 12/28/2016 11:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:3011/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

19:15

Walton County SO

BIERNACKI,CHAD

08/04/2019

507129

Walton County SO

BIERNACKI,CHAD,A

RUSSELL

11/19/2016

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

# 1Subject Sample 19:53 No Sample Provided

0.000Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2Subject Sample 19:56 Subject Test Refused

0.000Breath Volume 19:56

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 12/28/2016 11:23

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:2311/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:19

Okeechobee County SO

GARDUNO,JOSE

05/21/2017

1686121

Okeechobee County SO

POLLOCK,STEVEN,D

GORDON

10/18/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

# 1 0.000Subject Sample 21:24

1.960Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.000Subject Sample 21:27

1.785Breath Volume 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 11/15/2016 15:51

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:41

Okeechobee County SO

SNYDER,SHANE

05/21/2017

1686121

Okeechobee County SO

ROGERS,DAVID,E

YATES

11/15/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1 0.048Subject Sample 22:36 Volume Not Met

0.679Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.042Subject Sample 22:41 Volume Not Met

0.015Breath Volume 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/09/2016 10:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3411/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:41

Okeechobee County SO

SNYDER,SHANE

05/21/2017

1686121

Okeechobee County SO

ROGERS,DAVID,E

YATES

11/15/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

# 1 0.059Subject Sample 22:48

1.316Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.053Subject Sample 22:54

3.261Breath Volume 22:54

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 12/09/2016 10:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5911/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:02

Okeechobee County SO

POLLOCK,STEVEN

05/21/2017

1686121

Okeechobee County SO

POLLOCK,STEVEN,D

GOOLSBY

11/15/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 12/09/2016 10:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:4411/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

14:30

Okeechobee County SO

FRANCIS,JESSICA

05/21/2017

1686121

Okeechobee County SO

MAJERE,ARIC,

OTERSEN-KAFTON

11/15/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:54

0.000Air Blank 15:55

0.079Control Test 15:55

0.000Air Blank 15:56

# 1 0.165Subject Sample 15:56

1.226Breath Volume 15:56

0.000Air Blank 15:57

0.000Air Blank 15:59

# 2 0.176Subject Sample 16:00

2.312Breath Volume 16:00

0.000Air Blank 16:00

0.079Control Test 16:01

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 12/09/2016 10:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1411/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:47

Okeechobee County SO

POLLOCK,STEVEN

05/21/2017

1686121

Okeechobee County SO

POLLOCK,STEVEN,D

JACKSON

11/15/2016

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.169Subject Sample 21:22

1.832Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.160Subject Sample 21:25

1.968Breath Volume 21:25

0.000Air Blank 21:26

0.078Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 12/09/2016 10:21

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5611/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:10

Port St. Lucie PD

GASPAR,BENJAMIN

10/05/2017

24515080A3

Port St. Lucie PD

THOMPSON,BRIAN,J

WILLIAMS

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

# 1 0.221Subject Sample 23:07

1.367Breath Volume 23:07

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.210Subject Sample 23:11

1.566Breath Volume 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 11/29/2016 10:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:4411/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:29

Port St. Lucie PD

THOMPSON,BRIAN

10/05/2017

24515080A3

Port St. Lucie PD

THOMPSON,BRIAN,J

JENKINS

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.081Control Test 20:11

0.000Air Blank 20:11

# 1 0.212Subject Sample 20:12

1.742Breath Volume 20:12

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.212Subject Sample 20:15

1.875Breath Volume 20:15

0.000Air Blank 20:15

0.080Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:16

Data Download Date/Time: 11/29/2016 10:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:2311/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:40

Port St. Lucie PD

CONNOR,MICHAEL

10/05/2017

24515080A3

Port St. Lucie PD

INSUASTY,SANDRA,M

MERRITT

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.081Control Test 02:11

0.000Air Blank 02:11

# 1 0.163Subject Sample 02:14 Volume Not Met

0.710Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.228Subject Sample 02:17

2.957Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 3 0.227Subject Sample 02:20

2.097Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 11/29/2016 10:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1911/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:25

Port St. Lucie PD

LEWIS,JEREMY

10/05/2017

24515080A3

Port St. Lucie PD

LEWIS,JEREMY,A

BIPAT

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

Air Blank 01:48 Ambient Fail

0.000Air Blank 01:49

Data Download Date/Time: 11/29/2016 10:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:4311/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:25

Port St. Lucie PD

LEWIS,JEREMY

10/05/2017

24515080A3

Port St. Lucie PD

LEWIS,JEREMY,A

BIPAT

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.081Control Test 01:52

0.000Air Blank 01:52

# 1 0.227Subject Sample 01:53

1.984Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.229Subject Sample 01:56

2.152Breath Volume 01:56

0.000Air Blank 01:56

0.081Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 11/29/2016 10:34

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:1611/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:00

St. Lucie County SO

HERRING,TIM

10/05/2017

24515080A3

Port St. Lucie PD

BELL,CHARLES,J

GRIFFEN

10/25/2016

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.081Control Test 20:23

0.000Air Blank 20:23

# 1 0.157Subject Sample 20:25

2.296Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.159Subject Sample 20:28

1.984Breath Volume 20:28

0.000Air Blank 20:29

0.078Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 11/29/2016 10:35

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1211/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:10

Vero Beach PD

EGGERS,RYAN

08/06/2018

14968

Vero Beach PD

EGGERS,RYAN,K

MOHR

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 11/25/2016 22:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:1511/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:24

Indian River Co SO

SHARPETA,CHAD

08/06/2018

14968

Indian River Co SO

GUZMAN,MELISSA,M

JENNINGS

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.081Control Test 06:01

0.000Air Blank 06:02

# 1Subject Sample 06:02 RFI Detect

0.000Breath Volume 06:02

Air Blank 06:02 RFI Detect

0.000Air Blank 06:03

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:5811/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:24

Indian River Co SO

SHARPETA,CHAD

08/06/2018

14968

Indian River Co SO

GUZMAN,MELISSA,M

JENNINGS

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.081Control Test 06:06

0.000Air Blank 06:06

# 1 0.135Subject Sample 06:07

2.390Breath Volume 06:07

0.000Air Blank 06:08

0.000Air Blank 06:09

# 2 0.135Subject Sample 06:10

1.117Breath Volume 06:10

0.000Air Blank 06:11

0.080Control Test 06:11

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5611/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:54

Indian River Co SO

FULLER,BRITTON

08/06/2018

14968

Vero Beach PD

SWINDELL,CHRISTOPHER,E

BALDERAS

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1 0.170Subject Sample 03:37

1.121Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.181Subject Sample 03:40

1.335Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4411/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:35

Indian River Co SO

FLORES,DAVID

08/06/2018

14968

Indian River Co SO

SWINDELL,CHRISTOPHER,E

THARP

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

# 1 0.211Subject Sample 01:17

1.359Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2Subject Sample 01:22 No Sample Provided

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 3 0.206Subject Sample 01:26

1.292Breath Volume 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:08:0111/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

13:58

Indian River Co SO

RISPOLI,S

08/06/2018

14968

Indian River Co SO

GIST,SHARON,D

BLACK

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:01

0.000Air Blank 15:02

0.081Control Test 15:02

0.000Air Blank 15:02

# 1 0.263Subject Sample 15:03

1.574Breath Volume 15:03

0.000Air Blank 15:04

0.000Air Blank 15:05

# 2 0.253Subject Sample 15:06

2.292Breath Volume 15:06

0.000Air Blank 15:07

0.080Control Test 15:07

0.000Air Blank 15:07

OKDiagnostics Check 15:08

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1311/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:23

Vero Beach PD

EGGERS,RYAN

08/06/2018

14968

Vero Beach PD

EGGERS,RYAN,K

SMART

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1 0.185Subject Sample 23:51

1.542Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.181Subject Sample 23:54

1.320Breath Volume 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:3811/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

19:09

Indian River Co SO

RUIZ,MICHAEL

08/06/2018

14968

Indian River Co SO

WOLSKI,JEFFREY,R

FLORES-PAREDES

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.082Control Test 22:47

0.000Air Blank 22:48

# 1Subject Sample 22:51 No Sample Provided

0.000Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.198Subject Sample 22:54

2.925Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 3 0.206Subject Sample 22:57

2.632Breath Volume 22:57

0.000Air Blank 22:57

0.080Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:22:4611/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

15:00

Indian River Co SO

HALL,MATTHEW

08/06/2018

14968

Indian River Co SO

WOLSKI,JEFFREY,R

MILLIKEN

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:19

0.000Air Blank 16:20

0.080Control Test 16:20

0.000Air Blank 16:21

# 1Subject Sample 16:21 Subject Test Refused

0.000Breath Volume 16:21

0.000Air Blank 16:21

0.081Control Test 16:22

0.000Air Blank 16:22

OKDiagnostics Check 16:22

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:3811/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:49

03:20

Indian River Co SO

HAO,ISHMAEL

08/06/2018

14968

Indian River Co SO

KANTORSKI,MARK,A

HERNANDEZ

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.081Control Test 04:13

0.000Air Blank 04:13

# 1 0.102Subject Sample 04:15

1.582Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.098Subject Sample 04:19

1.453Breath Volume 04:19

0.000Air Blank 04:19

0.079Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:36:4811/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:02

07:05

Indian River Co SO

DEAN,ADAM

08/06/2018

14968

Fellsmere PD

GIOIA,DAWN,

TEETER

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:33

0.000Air Blank 08:34

0.080Control Test 08:34

0.000Air Blank 08:35

# 1Subject Sample 08:35 Subject Test Refused

0.000Breath Volume 08:35

0.000Air Blank 08:35

0.080Control Test 08:36

0.000Air Blank 08:36

OKDiagnostics Check 08:36

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1411/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:01

Indian River Co SO

FLORES,DAVID

08/06/2018

14968

Indian River Co SO

TANKERSLEY,PAMELA,R

LINDSTADT

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.106Subject Sample 03:16

1.554Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.116Subject Sample 03:20

1.394Breath Volume 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3711/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:58

Indian River Co SO

PEREZ,C

08/06/2018

14968

Indian River Co SO

STOVALL,C,J

FOX

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1 0.239Subject Sample 22:56

2.085Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.227Subject Sample 22:59

1.937Breath Volume 22:59

0.000Air Blank 22:59

0.077Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1211/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:58

Indian River Co SO

BORJAS,NOE

08/06/2018

14968

Fellsmere PD

KANTORSKI,MARK,A

VARGAS

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:3911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

03:35

Indian River Co SO

FLORES,DAVID

08/06/2018

14968

Indian River Co SO

KANTORSKI,MARK,A

ROSCHACH

10/28/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1 0.212Subject Sample 04:12

1.242Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.210Subject Sample 04:16

2.187Breath Volume 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 11/25/2016 22:11

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:2911/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:17

Vero Beach PD

JOERGER,SHANE

08/06/2018

14968

Vero Beach PD

JOERGER,SHANE,A

VARGAS-GONZALEZ

11/25/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.081Control Test 23:46

0.000Air Blank 23:46

# 1 0.129Subject Sample 23:49 Volume Not Met

0.414Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.152Subject Sample 23:52 No .020 agreement

1.652Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 3 0.126Subject Sample 23:56 No .020 agreement

1.777Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 12/28/2016 22:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1611/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:17

Vero Beach PD

JOEGER,SHANE

08/06/2018

14968

Vero Beach PD

JOERGER,SHANE,A

VARGAS-GONZALEZ

11/25/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.120Subject Sample 01:24

2.386Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.114Subject Sample 01:27

1.394Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 12/28/2016 22:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:4511/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:46

Indian River Co SO

JAWORSKI,KEVIN

08/06/2018

14968

Indian River Co SO

KANTORSKI,MARK,A

LAKE

11/25/2016

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:48

0.000Air Blank 15:49

0.080Control Test 15:49

0.000Air Blank 15:49

# 1Subject Sample 15:50 Subject Test Refused

0.000Breath Volume 15:50

0.000Air Blank 15:50

0.081Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 12/28/2016 22:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:5911/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:31

13:16

DeSoto County SO

QUIGLEY,MEGAN

02/05/2018

01316080A2

DeSoto County SO

CARROLL,STEVEN,C

BANDA

10/29/2016

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:17

0.000Air Blank 14:17

0.080Control Test 14:17

0.000Air Blank 14:18

# 1 0.189Subject Sample 14:21 Volume Not Met

0.714Breath Volume 14:21

0.000Air Blank 14:22

0.000Air Blank 14:23

# 2 0.212Subject Sample 14:24

1.285Breath Volume 14:24

0.000Air Blank 14:25

0.000Air Blank 14:26

# 3 0.207Subject Sample 14:28

2.136Breath Volume 14:28

0.000Air Blank 14:29

0.077Control Test 14:29

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 11/27/2016 07:53

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0111/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:51

Sarasota County SO

MINGS,DEPUTY

11/05/2017

28515080A2

Sarasota County SO

MINGS,DEPUTY,

PARRETT

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.078Control Test 03:42

0.000Air Blank 03:43

# 1 0.000Subject Sample 03:43

1.425Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.000Subject Sample 03:46

1.621Breath Volume 03:46

0.000Air Blank 03:47

0.078Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:48

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:0811/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:01

Sarasota County SO

MARTIN,S

11/05/2017

28515080A2

Sarasota County SO

NAMORS,JASON,R

TANCEY

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

# 1 0.200Subject Sample 04:03

1.570Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.211Subject Sample 04:07

3.574Breath Volume 04:07

0.000Air Blank 04:08

0.078Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:4311/02/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:14

Sarasota County SO

MINGS,DEPUTY G.

11/05/2017

28515080A2

Sarasota County SO

MINGS,DEPUTY G.,

VANDERHIDEN

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.078Control Test 03:49

0.000Air Blank 03:49

# 1 0.162Subject Sample 03:50

2.125Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.153Subject Sample 03:53

1.343Breath Volume 03:53

0.000Air Blank 03:53

0.077Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4111/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:40

Sarasota County SO

CREASY,DAVID

11/05/2017

28515080A2

Venice PD

KOSTYAL,MATT,A

SCHRAMMECK

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.076Control Test 02:45

0.000Air Blank 02:46

# 1 0.142Subject Sample 02:47

1.117Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.150Subject Sample 02:50

1.789Breath Volume 02:50

0.000Air Blank 02:50

0.077Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5011/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:09

Sarasota County SO

MINGS,DEPUTY G.

11/05/2017

28515080A2

Sarasota County SO

MINGS,DEPUTY G.,

VLACHOS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.078Control Test 04:03

0.000Air Blank 04:03

# 1 0.077Subject Sample 04:04

3.871Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.078Subject Sample 04:07

3.695Breath Volume 04:07

0.000Air Blank 04:07

0.078Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:2611/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:54

North Port PD

ALLEN,ANWAR

11/05/2017

28515080A2

North Port PD

ALLEN,ANWAR,A

MESSNER

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.078Control Test 21:08

0.000Air Blank 21:09

# 1 0.184Subject Sample 21:09

2.308Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.179Subject Sample 21:12

2.160Breath Volume 21:12

0.000Air Blank 21:13

0.077Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0011/07/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:18

Sarasota County SO

WHITE,L

11/05/2017

28515080A2

Venice PD

FLYNN,MICHAEL,T

MARQUIS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.077Control Test 23:20

0.000Air Blank 23:20

# 1 0.095Subject Sample 23:21

2.812Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:23

# 2 0.094Subject Sample 23:24

2.683Breath Volume 23:24

0.000Air Blank 23:25

0.077Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:26

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3111/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:48

Sarasota County SO

VERMILLION,OFFICER

11/05/2017

28515080A2

Sarasota PD

RODRIGUEZ,DANIEL,

SAUERS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.077Control Test 04:32

0.000Air Blank 04:33

# 1 0.217Subject Sample 04:33

2.800Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.202Subject Sample 04:36

2.128Breath Volume 04:36

0.000Air Blank 04:37

0.077Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:27:4211/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

17:50

Sarasota County SO

LITHERLAND,J

11/05/2017

28515080A2

North Port PD

SOBAS,PATRICIA,M

CROWDER

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:21

0.000Air Blank 19:21

0.078Control Test 19:21

0.000Air Blank 19:22

# 1 0.277Subject Sample 19:23

2.644Breath Volume 19:23

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.279Subject Sample 19:26

3.210Breath Volume 19:26

0.000Air Blank 19:26

0.077Control Test 19:27

0.000Air Blank 19:27

OKDiagnostics Check 19:27

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4311/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:38

Sarasota County SO

WHITE,L

11/05/2017

28515080A2

Venice PD

NAMORS,JASON,R

SHERWOOD

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:5511/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:03

North Port PD

NICK,A.

11/05/2017

28515080A2

North Port PD

NICK,A,

DESAIN

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.077Control Test 04:56

0.000Air Blank 04:56

# 1 0.104Subject Sample 04:59 Volume Not Met

0.218Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.083Subject Sample 05:04

1.636Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:06

# 3 0.083Subject Sample 05:09

1.730Breath Volume 05:09

0.000Air Blank 05:10

0.075Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5011/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:30

Sarasota County SO

SELL,B

11/05/2017

28515080A2

Sarasota County SO

FLYNN,MICHAEL,T

VALERIO

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.078Control Test 03:26

0.000Air Blank 03:26

# 1 0.162Subject Sample 03:27

1.332Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.154Subject Sample 03:30

1.730Breath Volume 03:30

0.000Air Blank 03:30

0.076Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2311/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:36

North Port PD

NICK,A

11/05/2017

28515080A2

North Port PD

NICK,A,

HIGGINS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.077Control Test 03:57

0.000Air Blank 03:57

# 1 0.183Subject Sample 03:58

2.785Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.193Subject Sample 04:01

2.742Breath Volume 04:01

0.000Air Blank 04:02

0.076Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 11/15/2016 07:37

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4111/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:03

FHP Troop F

KERR,CALEB

11/05/2017

28515080A2

FHP Troop F

KERR,CALEB,W

VAN BRANDT

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

# 1 0.000Subject Sample 01:13

1.535Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.000Subject Sample 01:16

1.902Breath Volume 01:16

0.000Air Blank 01:16

0.078Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

22:25

North Port PD

NICK,A.

11/05/2017

28515080A2

North Port PD

NICK,A.,

GOOD

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.078Control Test 00:41

0.000Air Blank 00:41

# 1 0.145Subject Sample 00:43

1.687Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.148Subject Sample 00:47

2.226Breath Volume 00:47

0.000Air Blank 00:47

0.075Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2111/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:59

Sarasota County SO

MARTIN,SHAUN

11/05/2017

28515080A2

Sarasota County SO

VANIK,JONATHAN,F

TONN

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.077Control Test 22:39

0.000Air Blank 22:40

# 1 0.134Subject Sample 22:41

1.769Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.141Subject Sample 22:45

1.843Breath Volume 22:45

0.000Air Blank 22:46

0.077Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:5711/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:58

Sarasota County SO

FOWLR,TYLER

11/05/2017

28515080A2

Sarasota County SO

FOWLER,TYLER,J

ROULEAU

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.077Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:41 No Sample Provided

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.157Subject Sample 23:47 Volume Not Met

0.699Breath Volume 23:47

0.000Air Blank 23:48

0.077Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4611/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:33

Sarasota County SO

HYDE,E

11/05/2017

28515080A2

Sarasota County SO

NAMORS,JASON,R

SHORE

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:41

# 1 0.288Subject Sample 20:43

1.828Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.280Subject Sample 20:46

1.242Breath Volume 20:46

0.000Air Blank 20:46

0.077Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4611/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:11

Sarasota County SO

WHITE,L

11/05/2017

28515080A2

Venice PD

MITCHELL,NICKKI,N

CARR RAMSEY

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:48

0.000Air Blank 23:48

# 1 0.143Subject Sample 23:49

1.578Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.141Subject Sample 23:52

1.742Breath Volume 23:52

0.000Air Blank 23:52

0.079Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5411/22/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

12:10

FHP Troop F

PAIGE,KYLE

11/05/2017

28515080A2

FHP Troop F

PAIGE,KYLE,C

BRUNEAU

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.078Control Test 01:23

0.000Air Blank 01:23

# 1 0.211Subject Sample 01:24

2.511Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.177Subject Sample 01:27

1.136Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 3 0.199Subject Sample 01:30

2.824Breath Volume 01:30

0.000Air Blank 01:30

0.077Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1011/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:45

FHP Troop F

KERR,CALEB

11/05/2017

28515080A2

FHP Troop F

KERR,CALEB,W

REITNECHT

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.077Control Test 01:17

0.000Air Blank 01:17

# 1 0.220Subject Sample 01:18

1.574Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.192Subject Sample 01:24

1.359Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 3 0.208Subject Sample 01:27

2.523Breath Volume 01:27

0.000Air Blank 01:28

0.075Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3811/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:34

Sarasota County SO

SHAFFER,G

11/05/2017

28515080A2

Sarasota PD

NAMORS,JASON,R

DUNHAM

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.153Subject Sample 02:52

1.851Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.148Subject Sample 02:56

1.445Breath Volume 02:56

0.000Air Blank 02:57

0.078Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:4211/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:11

Sarasota County SO

MINGS,G

11/05/2017

28515080A2

Sarasota County SO

PUFAHL,G,

NAINBY

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.077Control Test 03:06

0.000Air Blank 03:07

# 1 0.156Subject Sample 03:09

3.117Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.135Subject Sample 03:12

1.695Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 3 0.145Subject Sample 03:16

1.339Breath Volume 03:16

0.000Air Blank 03:16

0.077Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3811/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:16

Sarasota County SO

BELL,DEPUTY

11/05/2017

28515080A2

Sarasota County SO

PUFAHL,G,

SOBOL

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.078Control Test 04:03

0.000Air Blank 04:03

# 1 0.136Subject Sample 04:04

1.417Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 2Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.077Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:5211/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:38

Sarasota County SO

MIKLUSCAK,Z

11/05/2017

28515080A2

Sarasota PD

NAMORS,JASON,R

HALE

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.076Control Test 23:50

0.000Air Blank 23:50

# 1 0.190Subject Sample 23:51

1.628Breath Volume 23:51

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.192Subject Sample 23:54

2.140Breath Volume 23:54

0.000Air Blank 23:54

0.078Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2211/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:00

North Port PD

NICK,A.

11/05/2017

28515080A2

North Port PD

NICK,A.,

BERHOW

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

# 1 0.109Subject Sample 03:11

4.449Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.110Subject Sample 03:14

4.132Breath Volume 03:14

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1211/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:30

Sarasota County SO

ADAMS,J

11/05/2017

28515080A2

Sarasota County SO

PUFAHL,G,

LANGLEY

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

# 1 0.091Subject Sample 03:24 Volume Not Met

0.527Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.090Subject Sample 03:29

2.082Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 3 0.092Subject Sample 03:33

2.519Breath Volume 03:33

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2911/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

02:38

Sarasota County SO

KENNY,OFFICER

11/05/2017

28515080A2

Venice PD

RODRIGUEZ,DANIEL,

LUTZ

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.078Control Test 04:49

0.000Air Blank 04:50

# 1 0.109Subject Sample 04:50

3.492Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.101Subject Sample 04:53

3.476Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5811/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:22

FHP Troop F

PAIGE,DANE

11/05/2017

28515080A2

FHP Troop F

PAIGE,KYLE,C

GAY

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.078Control Test 03:08

0.000Air Blank 03:09

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3811/29/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:06

Sarasota County SO

MINGS,DEPUTY G.

11/05/2017

28515080A2

Sarasota County SO

MINGS,DEPUTY G.,

WOOD

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

# 1 0.000Subject Sample 02:07

2.207Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.000Subject Sample 02:10

1.675Breath Volume 02:10

0.000Air Blank 02:10

0.078Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 12/13/2016 07:43

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4011/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:46

Sarasota County SO

ADAMS,J

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

LAWLER

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

# 1Subject Sample 22:01 No Sample Provided

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.183Subject Sample 22:07 Volume Not Met

0.164Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 11/15/2016 12:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:0111/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:46

Sarasota County SO

ADAMS,J

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

LAWLER

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1 0.180Subject Sample 22:17 Volume Not Met

0.261Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.234Subject Sample 22:22

1.242Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 3 0.251Subject Sample 22:25

1.734Breath Volume 22:25

0.000Air Blank 22:26

0.077Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:27

Data Download Date/Time: 11/15/2016 12:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:5111/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:50

Sarasota County SO

ADAMS,JIMMY

05/05/2018

09216080A2

Sarasota County SO

ADAMS,JIMMY,J

STEWART

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 2 0.078Subject Sample 23:59

2.296Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.079Subject Sample 00:02

3.707Breath Volume 00:02

0.000Air Blank 00:02

0.078Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 11/15/2016 12:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:5611/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

05:13

Sarasota County SO

ADAMS,JIMMY

05/05/2018

09216080A2

Sarasota County SO

ADAMS,JIMMY,J

PONCEFLUCHS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:16

0.000Air Blank 17:16

0.079Control Test 17:17

0.000Air Blank 17:17

# 1 0.256Subject Sample 17:18

1.382Breath Volume 17:18

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.243Subject Sample 17:22

1.140Breath Volume 17:22

0.000Air Blank 17:23

0.078Control Test 17:23

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 11/15/2016 12:16

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:0711/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

18:35

Sarasota County SO

ADAMS,J

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

WILLIAMS

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.078Control Test 18:43

0.000Air Blank 18:43

# 1 0.217Subject Sample 18:44

1.457Breath Volume 18:44

0.000Air Blank 18:45

0.000Air Blank 18:46

# 2 0.215Subject Sample 18:47

2.050Breath Volume 18:47

0.000Air Blank 18:48

0.078Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 12/13/2016 08:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4411/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

21:26

Sarasota County SO

WENTWORTH,ANDREW

05/05/2018

09216080A2

Venice PD

ADAMS,JIMMY,J

DORSETT

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1 0.079Subject Sample 21:34

1.437Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.080Subject Sample 21:38

2.535Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 12/13/2016 08:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0711/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:30

Sarasota County SO

ADAMS,J

05/05/2018

09216080A2

Sarasota County SO

TUCK,DEPUTY,B

TORRES

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.127Subject Sample 02:38

3.328Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.119Subject Sample 02:41

2.441Breath Volume 02:41

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 12/13/2016 08:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0311/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:01

Sarasota County SO

KOSTYAL,M

11/05/2017

28515080A2

Sarasota County SO

PUFAHL,G,

VARGAS GALLEGOS

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.140Subject Sample 01:50 Volume Not Met

1.089Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.117Subject Sample 01:56 Volume Not Met

0.421Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 11/15/2016 11:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3111/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

02:06

Sarasota County SO

KOSTYAL,MATT

11/05/2017

28515080A2

Sarasota County SO

KOSTYAL,MATT,A

VASQUEZ VASQUEZ

10/27/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.189Subject Sample 02:15

2.003Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.188Subject Sample 02:18

2.070Breath Volume 02:18

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 11/15/2016 11:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:4011/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:53

Sarasota County SO

KOSTYAL,M

11/05/2017

28515080A2

Sarasota County SO

PUFAHL,G,

MAHE

11/15/2016

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

# 1 0.173Subject Sample 23:02

2.277Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.184Subject Sample 23:05

1.839Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 12/13/2016 10:41

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:2811/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:33

Gainesville PD

STEMEN,AARON

06/05/2017

13115080A1

Gainesville PD

STEMEN,AARON,M

HUNTER

10/20/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

# 1 0.028Subject Sample 00:14

1.957Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.027Subject Sample 00:16

1.367Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 11/20/2016 02:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:00:2011/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:30

09:05

Gainesville PD

BERTZYK,SCOTT

06/05/2017

13115080A1

Gainesville PD

SAKELLARIOS,JUSTIN,C

HYER

10/20/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.078Control Test 09:54

0.000Air Blank 09:54

# 1 0.000Subject Sample 09:55

1.468Breath Volume 09:55

0.000Air Blank 09:56

0.000Air Blank 09:58

# 2 0.000Subject Sample 09:58

1.781Breath Volume 09:58

0.000Air Blank 09:59

0.078Control Test 09:59

0.000Air Blank 10:00

OKDiagnostics Check 10:00

Data Download Date/Time: 11/20/2016 02:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5611/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:08

Gainesville PD

JONES,THEODORE

06/05/2017

13115080A1

Gainesville PD

JONES,THEODORE,D

DESUE

10/20/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.078Control Test 23:51

0.000Air Blank 23:51

# 2Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 1Subject Sample 00:00 No Sample Provided

0.000Breath Volume 00:00

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 11/20/2016 02:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4111/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:03

Gainesville PD

WELCH,CHAD

06/05/2017

13115080A1

Gainesville PD

WELCH,CHAD,J

NETHERLAND

10/20/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:42

# 1 0.170Subject Sample 00:42

3.785Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.169Subject Sample 00:46

4.242Breath Volume 00:46

0.000Air Blank 00:46

0.078Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/20/2016 02:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0811/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:07

Gainesville PD

BOSTICK,ANTONIO

06/05/2017

13115080A1

Gainesville PD

JONES,THEODORE,D

COX

10/20/2016

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.077Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:20 No Sample Provided

0.000Breath Volume 04:20

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/20/2016 02:10

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3111/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:20

Mayport Naval Base

JILES,DARRYL

02/05/2018

01316080A2

Mayport Naval Base

OCASIO,JOSE,A

MAYDON

10/19/2016

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

# 1 0.194Subject Sample 01:02

1.914Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.188Subject Sample 01:05

2.925Breath Volume 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/30/2016 08:46

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:5911/03/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:02

Orange County SO

URIBE,SERGIO

01/05/2018

34015080A2

Orange County SO

DAVIS,COURTNEY,L

BUZA

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.082Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 11/03/2016 16:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:4111/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

03:24

Orange County SO

HAWKINS,DEB

01/05/2018

34015080A2

FHP Troop D

DAVIS,COURTNEY,L

GUIA

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:18

0.082Control Test 05:18

0.000Air Blank 05:19

# 1 0.116Subject Sample 05:20

1.179Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.115Subject Sample 05:23

1.820Breath Volume 05:23

0.000Air Blank 05:23

0.080Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0711/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:35

Orange County SO

JORGE,JUNIOR

01/05/2018

34015080A2

FHP Troop D

DAVIS,COURTNEY,L

CARDONA AROCHO

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.082Control Test 22:20

0.000Air Blank 22:21

# 1 0.142Subject Sample 22:21

1.285Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.166Subject Sample 22:24

1.601Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 3 0.171Subject Sample 22:27

2.398Breath Volume 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0311/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:07

Orange County SO

WONG SHUE,ANTHONY

01/05/2018

34015080A2

Orlando PD

DAVIS,COURTNEY,L

NAZARCHYK

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:45

# 1 0.087Subject Sample 02:46

1.910Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.082Subject Sample 02:49

1.203Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4411/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:29

Orange County SO

WEAVER,WILLIAM

01/05/2018

34015080A2

Orlando PD

COLEMAN,BRETT,J

MONROE

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.082Control Test 03:20

0.000Air Blank 03:20

# 1Subject Sample 03:23 No Sample Provided

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2211/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:30

Orange County SO

MOORE,ANDREW

01/05/2018

34015080A2

Maitland PD

DAVIS,COURTNEY,L

MORALES

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.082Control Test 01:43

0.000Air Blank 01:44

# 1 0.000Subject Sample 01:45

1.687Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.000Subject Sample 01:48

1.597Breath Volume 01:48

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1911/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:49

Orange County SO

MILLER,JOSHUA

01/05/2018

34015080A2

Orange County SO

DAVIS,COURTNEY,L

DAMRON

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

# 1 0.114Subject Sample 02:49

2.523Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.114Subject Sample 02:52

2.718Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:51:0011/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

07:05

Orange County SO

WABADANIEL,ELIZABETH

01/05/2018

34015080A2

Orlando PD

RODRIGUEZ,MICHAEL,J

JONES

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:38

0.000Air Blank 07:39

0.081Control Test 07:39

0.000Air Blank 07:40

# 1 0.156Subject Sample 07:43 Volume Not Met

0.105Breath Volume 07:43

0.000Air Blank 07:44

0.000Air Blank 07:45

# 2 0.162Subject Sample 07:46

1.636Breath Volume 07:46

0.000Air Blank 07:47

0.000Air Blank 07:49

# 3 0.170Subject Sample 07:49

1.453Breath Volume 07:49

0.000Air Blank 07:50

0.080Control Test 07:50

0.000Air Blank 07:50

OKDiagnostics Check 07:51

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:14:2711/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:41

10:45

Orange County SO

RIVERA,JOSUE

01/05/2018

34015080A2

Apopka PD

RODRIGUEZ,MICHAEL,J

PINEDAPERDOMA

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:08

0.080Control Test 12:09

0.000Air Blank 12:09

# 1 0.292Subject Sample 12:09

2.234Breath Volume 12:09

0.000Air Blank 12:10

0.000Air Blank 12:12

# 2 0.290Subject Sample 12:12

1.484Breath Volume 12:12

0.000Air Blank 12:13

0.080Control Test 12:13

0.000Air Blank 12:14

OKDiagnostics Check 12:14

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:2911/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:22

11:37

Orange County SO

SCOTT,VICTORIA

01/05/2018

34015080A2

Central FL Univ PD

RODRIGUEZ,MICHAEL,J

GABBARD

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:50

0.000Air Blank 12:51

0.081Control Test 12:51

0.000Air Blank 12:52

# 1 0.000Subject Sample 12:53

3.601Breath Volume 12:53

0.000Air Blank 12:53

0.000Air Blank 12:55

# 2 0.000Subject Sample 12:56

3.476Breath Volume 12:56

0.000Air Blank 12:56

0.079Control Test 12:56

0.000Air Blank 12:57

OKDiagnostics Check 12:57

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:0611/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:40

Orange County SO

BURKHEAD,KYLE

01/05/2018

34015080A2

Orange County SO

RODRIGUEZ,MICHAEL,J

BENEDICT

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:54

0.081Control Test 17:54

0.000Air Blank 17:55

# 1 0.092Subject Sample 17:55

2.593Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:58

# 2 0.090Subject Sample 17:58

2.429Breath Volume 17:58

0.000Air Blank 17:59

0.081Control Test 17:59

0.000Air Blank 18:00

OKDiagnostics Check 18:00

Data Download Date/Time: 11/10/2016 17:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:3611/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:52

Orange County SO

LEE,STEPHEN

01/05/2018

34015080A2

Orange County SO

DAVIS,COURTNEY,L

STEVENSON

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.081Control Test 20:03

0.000Air Blank 20:04

# 1Subject Sample 20:04 Subject Test Refused

0.000Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 11/16/2016 09:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:24:2711/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:47

07:45

Orange County SO

DELEON,LISA

01/05/2018

34015080A2

Orange County SO

RODRIGUEZ,MICHAEL,J

CHERUBIN

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:11

0.000Air Blank 08:11

0.081Control Test 08:11

0.000Air Blank 08:12

# 1 0.121Subject Sample 08:15 Volume Not Met

0.433Breath Volume 08:15

0.000Air Blank 08:16

0.000Air Blank 08:18

# 2 0.160Subject Sample 08:19

1.835Breath Volume 08:19

0.000Air Blank 08:19

0.000Air Blank 08:21

# 3 0.150Subject Sample 08:22

1.210Breath Volume 08:22

0.000Air Blank 08:23

0.078Control Test 08:23

0.000Air Blank 08:24

OKDiagnostics Check 08:24

Data Download Date/Time: 11/16/2016 09:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:2211/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:41

Orange County SO

MITCHELL,COREY

01/05/2018

34015080A2

Winter Park PD

DAVIS,COURTNEY,L

HIXSON

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.082Control Test 20:55

0.000Air Blank 20:55

# 1 0.000Subject Sample 20:56

1.628Breath Volume 20:56

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.000Subject Sample 21:01

1.242Breath Volume 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 11/16/2016 09:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1111/14/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:06

Orange County SO

DEVINE,JACOB

01/05/2018

34015080A2

Orange County SO

DAVIS,COURTNEY,L

BAEZMARTINEZ

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

# 1 0.185Subject Sample 02:27

2.824Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.176Subject Sample 02:30

3.312Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 11/16/2016 09:48

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:5911/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:10

Orange County SO

HAWKINS,DEBORAH

01/05/2018

34015080A2

FHP Troop D

DENSON,TRAVIS,W

VAZQUEZ

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:48 Interferent Detect

2.363Breath Volume 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:2411/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:36

Orange County SO

PETERSON,JOSEPH

01/05/2018

34015080A2

Ocoee PD

HARDEN,WILLIAM,L

ANDRADE

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.082Control Test 00:27

0.000Air Blank 00:27

# 1 0.000Subject Sample 00:28

2.167Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

1.171Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2611/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:40

Orange County SO

HARRIS,BRIAN

01/05/2018

34015080A2

Ocoee PD

HARDEN,WILLIAM,L

BALTAZAR

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:43

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.082Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4611/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:18

Orange County SO

WATTS,ANTHONY

01/05/2018

34015080A2

Orlando PD

HARDEN,WILLIAM,L

ACOSTA

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.082Control Test 02:10

0.000Air Blank 02:11

# 1 0.104Subject Sample 02:12

1.410Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.104Subject Sample 02:15

1.574Breath Volume 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5611/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:59

Orange County SO

DRACH,STEFAN

01/05/2018

34015080A2

FHP Troop K

HARDEN,WILLIAM,L

REEDY

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

# 1 0.178Subject Sample 02:57

1.179Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.176Subject Sample 03:01

2.082Breath Volume 03:01

0.000Air Blank 03:02

0.078Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:5111/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:02

Orange County SO

GIZ,JOAQUIN

01/05/2018

34015080A2

FHP Troop K

HARDEN,WILLIAM,L

VIRUET

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.081Control Test 04:51

0.000Air Blank 04:52

# 1Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:52

0.081Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:2511/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:37

Orange County SO

MCSPADDEN,JASON

01/05/2018

34015080A2

Winter Garden PD

HARDEN,WILLIAM,L

MORGAN

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.081Control Test 20:38

0.000Air Blank 20:38

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:5211/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:50

Orange County SO

CAMPBELL,CRAIG

01/05/2018

34015080A2

Orange County SO

HARDEN,WILLIAM,L

MCLAUGHLIN

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.157Subject Sample 03:03 Volume Not Met

0.164Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.144Subject Sample 03:09 Volume Not Met

0.320Breath Volume 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4111/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:50

Orange County SO

CAMPBELL,CRAIG

01/05/2018

34015080A2

Orange County SO

HARDEN,WILLIAM,L

MCLAUGHLIN

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

# 1 0.155Subject Sample 03:16

1.105Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.143Subject Sample 03:20

1.320Breath Volume 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:2911/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

19:51

Orange County SO

FAIRCLOTH,MELANIE

01/05/2018

34015080A2

FHP Troop D

HARDEN,WILLIAM,L

BERRY

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.082Control Test 21:28

0.000Air Blank 21:28

# 1 0.169Subject Sample 21:29

2.167Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.169Subject Sample 21:32

1.652Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 11/23/2016 10:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2111/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:57

Orange County SO

PONDER,CHRISTOPHER

01/05/2018

34015080A2

FHP Troop D

HARDEN,WILLIAM,L

SUKHU

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:50

0.082Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 11/23/2016 10:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4911/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:08

Orange County SO

CRUZ,AYLER

01/05/2018

34015080A2

FHP Troop D

HARDEN,WILLIAM,L

WARNER

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.082Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.082Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/23/2016 10:33

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:0011/25/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:03

Orange County SO

REARDON,SARAH

01/05/2018

34015080A2

Maitland PD

HARDEN,WILLIAM,L

FRAZIER

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.081Control Test 22:51

0.000Air Blank 22:51

# 1 0.223Subject Sample 22:52

3.324Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:54

# 2 0.209Subject Sample 22:55

2.191Breath Volume 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:57

Data Download Date/Time: 12/01/2016 16:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:3611/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

18:49

Orange County SO

PETERSON,JOSEPH

01/05/2018

34015080A2

Ocoee PD

HARDEN,WILLIAM,L

GONZALEZ-CUCO

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.082Control Test 20:12

0.000Air Blank 20:12

# 1 0.203Subject Sample 20:16 Volume Not Met

0.191Breath Volume 20:16

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.233Subject Sample 20:20

1.859Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 3 0.229Subject Sample 20:24

1.984Breath Volume 20:24

0.000Air Blank 20:25

0.076Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 12/01/2016 16:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2911/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:12

Orange County SO

SAYLER,ROBERT

01/05/2018

34015080A2

Orange County SO

OKEEFE,ALEXIS,J

KINCAID

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.081Control Test 04:01

0.000Air Blank 04:02

# 1 0.148Subject Sample 04:02

1.917Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.150Subject Sample 04:05

1.136Breath Volume 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/01/2016 16:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:1011/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:29

Orange County SO

DRACH,S

01/05/2018

34015080A2

FHP Troop K

OKEEFE,ALEXIS,J

BURGOSVELAZQUEZ

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.081Control Test 05:14

0.000Air Blank 05:15

# 1 0.106Subject Sample 05:17

2.175Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:19

# 2 0.116Subject Sample 05:20

1.175Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 12/01/2016 16:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:5111/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:03

05:57

Orange County SO

VELAZQUEZ,SAM

01/05/2018

34015080A2

Apopka PD

BELL,SHAWN,

CHRISMAN

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:25

0.000Air Blank 07:25

0.083Control Test 07:26

0.000Air Blank 07:26

# 1 0.171Subject Sample 07:27

2.574Breath Volume 07:27

0.000Air Blank 07:27

0.000Air Blank 07:29

# 2 0.158Subject Sample 07:30

2.074Breath Volume 07:30

0.000Air Blank 07:30

0.082Control Test 07:31

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 11/10/2016 17:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:0511/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:25

Orange County SO

TORRES,GEAN

01/05/2018

34015080A2

Winter Garden PD

BELL,SHAWN,

ALLEN

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.082Control Test 22:41

0.000Air Blank 22:41

# 1 0.276Subject Sample 22:41

1.960Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.281Subject Sample 22:45

2.460Breath Volume 22:45

0.000Air Blank 22:46

0.082Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 11/10/2016 17:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:1211/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:53

Orange County SO

JORGE,JUNIOR

01/05/2018

34015080A2

FHP Troop D

BELL,SHAWN,

HILL

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.083Control Test 02:36

0.000Air Blank 02:36

# 1 0.000Subject Sample 02:36

1.746Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.000Subject Sample 02:39

1.429Breath Volume 02:39

0.000Air Blank 02:40

0.082Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 11/10/2016 17:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:4111/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

04:57

Orange County SO

GARCIA,EDDIE

01/05/2018

34015080A2

Orange County SO

FIGUEROA,HECTOR,A

RICKLIN

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:04

0.000Air Blank 06:05

0.083Control Test 06:05

0.000Air Blank 06:05

# 1 0.181Subject Sample 06:06

4.554Breath Volume 06:06

0.000Air Blank 06:06

0.000Air Blank 06:08

# 2 0.180Subject Sample 06:09

4.281Breath Volume 06:09

0.000Air Blank 06:09

0.082Control Test 06:10

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 11/10/2016 17:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1811/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:20

Orange County SO

SAYLER,ROBERT

01/05/2018

34015080A2

Orange County SO

FIGUEROA,HECTOR,A

PARK

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:19

# 1 0.166Subject Sample 02:19

2.496Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.169Subject Sample 02:22

2.617Breath Volume 02:22

0.000Air Blank 02:23

0.082Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/10/2016 17:47

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0211/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:55

Orange County SO

IV,ANDREW

01/05/2018

34015080A2

FHP Troop D

BELL,SHAWN,

GREGOR

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.082Control Test 23:12

0.000Air Blank 23:13

# 1 0.139Subject Sample 23:13

1.195Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.140Subject Sample 23:16

1.386Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:18

Data Download Date/Time: 11/16/2016 09:44

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4711/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:36

Orange County SO

THORNTON,BRANDEN

01/05/2018

34015080A2

Orlando PD

BELL,SHAWN,

RAMIREZ

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.082Control Test 03:16

0.000Air Blank 03:16

# 1 0.157Subject Sample 03:18

1.378Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.132Subject Sample 03:24 Volume Not Met

0.312Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 3 0.120Subject Sample 03:30 Volume Not Met

0.066Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/16/2016 09:44

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2211/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

03:15

Orange County SO

NAZZARO,TIMOTHY

01/05/2018

34015080A2

Orange County SO

BELL,SHAWN,

EVANS

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.083Control Test 05:04

0.000Air Blank 05:04

# 1 0.166Subject Sample 05:05

2.171Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.169Subject Sample 05:08

2.054Breath Volume 05:08

0.000Air Blank 05:09

0.081Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 11/16/2016 09:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:5211/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:34

Orange County SO

DRACH,STEFAN

01/05/2018

34015080A2

FHP Troop D

FIGUEROA,HECTOR,A

GUNTER

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:34

0.000Air Blank 06:35

0.083Control Test 06:35

0.000Air Blank 06:35

# 1 0.154Subject Sample 06:36

1.296Breath Volume 06:36

0.000Air Blank 06:36

0.000Air Blank 06:38

# 2 0.161Subject Sample 06:39

2.125Breath Volume 06:39

0.000Air Blank 06:39

0.082Control Test 06:40

0.000Air Blank 06:40

OKDiagnostics Check 06:40

Data Download Date/Time: 11/16/2016 09:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:2311/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:18

06:10

Orange County SO

VAUGHN,JACOB

01/05/2018

34015080A2

FHP Troop D

FIGUEROA,HECTOR,A

RAMIREZ FLORES

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.082Control Test 07:38

0.000Air Blank 07:39

# 1 0.149Subject Sample 07:40

1.140Breath Volume 07:40

0.000Air Blank 07:40

0.000Air Blank 07:42

# 2 0.156Subject Sample 07:42

2.093Breath Volume 07:42

0.000Air Blank 07:43

0.082Control Test 07:43

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 11/16/2016 09:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2011/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:12

Orange County SO

JORGE,JUNIOR

01/05/2018

34015080A2

FHP Troop D

FIGUEROA,HECTOR,A

TAMEZ

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

# 1 0.159Subject Sample 03:13

2.593Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.159Subject Sample 03:16

3.386Breath Volume 03:16

0.000Air Blank 03:17

0.082Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 11/16/2016 09:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:4911/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:56

Orange County SO

MOORE,ANDREW

01/05/2018

34015080A2

Maitland PD

BELL,SHAWN,

ABBOTT

10/19/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.083Control Test 01:51

0.000Air Blank 01:52

# 1 0.162Subject Sample 01:53

2.625Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.150Subject Sample 01:56

1.515Breath Volume 01:56

0.000Air Blank 01:56

0.081Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 11/16/2016 09:45

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:5411/16/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:10

Orange County SO

GRIGSBY,MICHAEL

01/05/2018

34015080A2

Orlando PD

DENSON,TRAVIS,W

CAICO

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.083Control Test 21:14

0.000Air Blank 21:14

# 1 0.236Subject Sample 21:17 Volume Not Met

0.015Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.241Subject Sample 21:20

2.136Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 3 0.226Subject Sample 21:25

2.488Breath Volume 21:25

0.000Air Blank 21:25

0.080Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1011/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:37

Orange County SO

URIBE,SERGIO

01/05/2018

34015080A2

Orange County SO

DENSON,TRAVIS,W

PATEL

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.082Control Test 03:19

0.000Air Blank 03:19

# 1 0.175Subject Sample 03:21

1.339Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.177Subject Sample 03:24

1.917Breath Volume 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2211/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:56

Orange County SO

ROTARIUS,JOSHUA

01/05/2018

34015080A2

Maitland PD

CANER,OSVALDO,

EDWARDS

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:56

0.000Air Blank 03:56

# 1 0.159Subject Sample 03:57

1.875Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.148Subject Sample 04:00

1.484Breath Volume 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:5711/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:10

Orange County SO

HAWKINS,DEBORAH

01/05/2018

34015080A2

FHP Troop D

DENSON,TRAVIS,W

VAZQUEZ

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:36 Interferent Detect

1.519Breath Volume 01:36

0.000Air Blank 01:37

0.083Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1611/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:10

Orange County SO

HAWKINS,DEBORAH

01/05/2018

34015080A2

FHP Troop D

DENSON,TRAVIS,W

VAZQUEZ

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.083Control Test 01:39

0.000Air Blank 01:40

# 1Subject Sample 01:40 Interferent Detect

2.382Breath Volume 01:40

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:0311/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:57

Orange County SO

URIBE,SERGIO

01/05/2018

34015080A2

Orange County SO

DENSON,TRAVIS,W

ADKINS

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.083Control Test 03:38

0.000Air Blank 03:38

# 1 0.222Subject Sample 03:39

2.054Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.216Subject Sample 03:42

1.218Breath Volume 03:42

0.000Air Blank 03:43

0.082Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:44

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3111/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:52

Orange County SO

CORNWELL,BRANDON

01/05/2018

34015080A2

OTHER Local

COLEMAN,BRETT,J

MCELROY

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.083Control Test 00:54

0.000Air Blank 00:54

# 1 0.161Subject Sample 00:55

1.917Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.150Subject Sample 00:57

1.183Breath Volume 00:57

0.000Air Blank 00:58

0.082Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3511/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:37

Orange County SO

KERR,BRANDON

01/05/2018

34015080A2

Ocoee PD

COLEMAN,BRETT,J

TU

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.083Control Test 01:51

0.000Air Blank 01:52

# 1 0.137Subject Sample 01:55 Volume Not Met

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:57

# 2 0.163Subject Sample 01:58

1.566Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 3 0.171Subject Sample 02:01

1.765Breath Volume 02:01

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5811/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

Orange County SO

ROTHELL,HUNTER

01/05/2018

34015080A2

Orange County SO

COLEMAN,BRETT,J

PEREZ

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:15

# 1 0.202Subject Sample 02:15

1.574Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.199Subject Sample 02:18

1.964Breath Volume 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5811/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:31

Orange County SO

WEAVER,WILLIAM

01/05/2018

34015080A2

Orlando PD

COLEMAN,BRETT,J

CURRY

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.082Control Test 03:18

0.000Air Blank 03:18

# 1 0.127Subject Sample 03:21 Volume Not Met

1.015Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.125Subject Sample 03:27 Volume Not Met

0.300Breath Volume 03:27

0.000Air Blank 03:28

0.082Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3511/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:40

Orange County SO

GAUNTLETT,BEN

01/05/2018

34015080A2

Orlando PD

COLEMAN,BRETT,J

RUDEK

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.082Control Test 23:03

0.000Air Blank 23:03

# 1 0.145Subject Sample 23:04

2.062Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.139Subject Sample 23:07

2.269Breath Volume 23:07

0.000Air Blank 23:07

0.082Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2311/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:24

Orange County SO

THOMAS,RICK

01/05/2018

34015080A2

Winter Park PD

COLEMAN,BRETT,J

DEL CAMPILLO

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.083Control Test 03:17

0.000Air Blank 03:18

# 1 0.231Subject Sample 03:18

2.207Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.229Subject Sample 03:21

2.375Breath Volume 03:21

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:5211/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:43

Orange County SO

RUSSAK,KEVIN

01/05/2018

34015080A2

FHP Troop D

COLEMAN,BRETT,J

MENDOZAAVILES

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.083Control Test 04:38

0.000Air Blank 04:38

# 1 0.084Subject Sample 04:39

2.152Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:41

# 2 0.082Subject Sample 04:42

2.093Breath Volume 04:42

0.000Air Blank 04:42

0.083Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4811/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:50

Orange County SO

ROLAND,ANTHONY

01/05/2018

34015080A2

Orlando PD

DENSON,TRAVIS,W

DAVENPORT

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.083Control Test 03:24

0.000Air Blank 03:25

# 1 0.170Subject Sample 03:26

1.468Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.160Subject Sample 03:29

1.414Breath Volume 03:29

0.000Air Blank 03:29

0.082Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:0311/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:04

Orange County SO

GARCIA,EDDIE

01/05/2018

34015080A2

Orange County SO

CANER,OSVALDO,

LAWLOR

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.083Control Test 05:00

0.000Air Blank 05:01

# 1 0.111Subject Sample 05:01

1.636Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.102Subject Sample 05:04

2.601Breath Volume 05:04

0.000Air Blank 05:05

0.082Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:06

Data Download Date/Time: 11/23/2016 10:28

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3311/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:38

Orange County SO

MORTON,CODY

01/05/2018

34015080A2

Ocoee PD

DENSON,TRAVIS,W

SALES

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.082Control Test 23:08

0.000Air Blank 23:08

# 1 0.240Subject Sample 23:09

2.453Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.236Subject Sample 23:12

2.921Breath Volume 23:12

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 12/01/2016 16:51

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1511/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:23

Orange County SO

JORGE,JUNIOR

01/05/2018

34015080A2

FHP Troop D

CANER,OSVALDO,

LONG

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.083Control Test 03:09

0.000Air Blank 03:10

# 1 0.143Subject Sample 03:10

2.164Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.139Subject Sample 03:13

1.578Breath Volume 03:13

0.000Air Blank 03:14

0.082Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 12/01/2016 16:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:5611/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:50

Orange County SO

GIZ,JOAQUIN

01/05/2018

34015080A2

FHP Troop K

FIGUEROA,HECTOR,A

MEJIA

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.082Control Test 04:12

0.000Air Blank 04:13

# 1 0.140Subject Sample 04:14

1.355Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 2 0.145Subject Sample 04:17

1.535Breath Volume 04:17

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 12/01/2016 16:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:2911/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:34

Orange County SO

PONICKI,THOMAS

01/05/2018

34015080A2

Winter Park PD

DENSON,TRAVIS,W

BLANKEMEIER

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.083Control Test 20:24

0.000Air Blank 20:24

# 1 0.188Subject Sample 20:25

1.312Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.192Subject Sample 20:27

1.757Breath Volume 20:27

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 12/01/2016 16:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0411/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:28

Orange County SO

HERNANDEZ,JEFFRIE

01/05/2018

34015080A2

OTHER Local

COLEMAN,BRETT,J

ALVARADO

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.082Control Test 21:58

0.000Air Blank 21:59

# 1 0.293Subject Sample 21:59

1.687Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.289Subject Sample 22:02

1.796Breath Volume 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:04

Data Download Date/Time: 12/01/2016 16:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3311/30/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:07

Orange County SO

TORRESRAMOS,EDGARDO

01/05/2018

34015080A2

FHP Troop D

FIGUEROA,HECTOR,A

SOLLINGER

11/16/2016

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

# 1 0.151Subject Sample 04:06

1.308Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.151Subject Sample 04:09

1.445Breath Volume 04:09

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 12/01/2016 16:52

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:30:5911/08/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:00

12:00

Clay County SO

COE,J

06/05/2018

12716080A5

Clay County SO

COE,J,D

;6360100365493686109

11/06/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:25

0.000Air Blank 12:25

0.081Control Test 12:25

0.000Air Blank 12:26

# 1 0.000Subject Sample 12:26

1.476Breath Volume 12:26

0.000Air Blank 12:27

0.000Air Blank 12:29

# 2 0.000Subject Sample 12:29

1.527Breath Volume 12:29

0.000Air Blank 12:30

0.080Control Test 12:30

0.000Air Blank 12:30

OKDiagnostics Check 12:30

Data Download Date/Time: 12/11/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:17

Clay County SO

SOLIS,E

06/05/2018

12716080A5

Clay County SO

ASHE,KEVIN,B

WILSON

11/06/2016

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

# 1 0.110Subject Sample 03:57

1.132Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.122Subject Sample 04:01

1.699Breath Volume 04:01

0.000Air Blank 04:01

0.081Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/11/2016 16:50

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:3711/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:19

Patrick AFB PD

JESSOP,ROBERT

04/08/2018

1841081

Patrick AFB PD

COLTON,RICHARD,A

MADDEN

11/15/2016

8100.27

PATRICK AFB SFS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

Air Blank 20:46 RFI Detect

0.000Air Blank 20:46

Data Download Date/Time: 01/03/2017 14:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:5811/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:19

Patrick AFB PD

JESSOP,ROBERT

04/08/2018

1841081

Patrick AFB PD

COLTON,RICHARD,A

MADDEN

11/15/2016

8100.27

PATRICK AFB SFS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.078Control Test 20:50

Air Blank 20:50 RFI Detect

0.000Air Blank 20:50

Data Download Date/Time: 01/03/2017 14:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:2611/18/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

20:19

Patrick AFB PD

JESSOP,ROBERT

04/08/2018

1841081

Patrick AFB PD

COLTON,RICHARD,A

MADDEN

11/15/2016

8100.27

PATRICK AFB SFS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.078Control Test 20:55

0.000Air Blank 20:55

# 1 0.086Subject Sample 20:58

3.941Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.089Subject Sample 21:01

3.882Breath Volume 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 01/03/2017 14:25

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:2511/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:49

Cape Coral PD

FESSEL,DANIEL

02/05/2017

36314080A3

Cape Coral PD

FESSEL,DANIEL,C

RIVERA CARIDAD

10/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

# 1 0.313Subject Sample 21:36

2.203Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.300Subject Sample 21:38

1.203Breath Volume 21:38

0.000Air Blank 21:39

0.077Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 11/11/2016 09:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5911/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

Cape Coral PD

LEONARD,STEPHEN

02/05/2017

36314080A3

Cape Coral PD

BARKLEY,JEFFREY,G

LOGSDON

10/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

# 1 0.243Subject Sample 03:32

1.562Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.225Subject Sample 03:35

2.078Breath Volume 03:35

0.000Air Blank 03:36

0.074Control Test 03:36 Interferent Detect

0.000Air Blank 03:36

Data Download Date/Time: 11/11/2016 09:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5411/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:49

Cape Coral PD

MILLS,CHARLES

02/05/2017

36314080A3

Cape Coral PD

BARKLEY,JEFFREY,G

FREDERICK

10/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.166Subject Sample 02:28

1.679Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.166Subject Sample 02:31

1.656Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 11/11/2016 09:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0511/12/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:45

Cape Coral PD

TOBLER,AMANDA

02/05/2017

36314080A3

Cape Coral PD

FESSEL,DANIEL,C

MANNING

11/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:23

# 1 0.153Subject Sample 22:24

1.636Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.164Subject Sample 22:28

2.632Breath Volume 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:30

Data Download Date/Time: 12/06/2016 11:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:1511/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:51

Cape Coral PD

TOBLER,AMANDA

02/05/2017

36314080A3

Cape Coral PD

FESSEL,DANIEL,C

SULLIVAN

11/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1 0.192Subject Sample 02:29

1.578Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.197Subject Sample 02:33

2.734Breath Volume 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/06/2016 11:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3011/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:43

Cape Coral PD

SCARLATO,F

02/05/2017

36314080A3

Cape Coral PD

CAUSER,SGT,H

FARRELLY

11/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.184Subject Sample 01:23

2.617Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.180Subject Sample 01:26

2.066Breath Volume 01:26

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/06/2016 11:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3411/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:58

Cape Coral PD

SCARLATO,FRANK

02/05/2017

36314080A3

Cape Coral PD

CIESLINSKI,JOSEPH,P

UNDERWOOD

11/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.144Subject Sample 01:34

4.277Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.150Subject Sample 01:38

4.800Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/06/2016 11:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:2011/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:39

Cape Coral PD

TACY,CODY

02/05/2017

36314080A3

Cape Coral PD

CIESLINSKI,JOSEPH,P

TANSACHA

11/11/2016

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.000Subject Sample 04:22

1.453Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.000Subject Sample 04:25

2.019Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 12/06/2016 11:32

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:5411/23/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:53

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2017

28515080A2

St. Petersburg PD

COX,LENARD,E

VILLAFANIA

11/23/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.078Control Test 23:10

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:11

3.500Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:14

3.839Breath Volume 23:14

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 12/15/2016 23:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4611/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:49

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2017

28515080A2

St. Petersburg PD

COX,LENARD,E

KUPRESAK

11/23/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:14

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 12/15/2016 23:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

22:40

St. Petersburg PD

COX,LENARD

11/05/2017

28515080A2

St. Petersburg PD

COX,LENARD,E

LOPEZ-QUILES

11/23/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

# 1 0.208Subject Sample 22:50

1.808Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.210Subject Sample 22:53

2.253Breath Volume 22:53

0.000Air Blank 22:53

0.078Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 12/15/2016 23:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5511/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:45

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2017

28515080A2

St. Petersburg PD

COX,LENARD,E

PEDEN

11/23/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:08

0.077Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 12/15/2016 23:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:2111/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

04:16

St. Petersburg PD

COX,LENARD

11/05/2017

28515080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

SMITH

11/23/2016

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 12/15/2016 23:08

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:4611/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:35

Miami PD

TOBIN,E

01/14/2018

1789170

Miami PD

CARRIEL,RANDY,E

BLISS

10/13/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.082Control Test 05:16

0.000Air Blank 05:16

# 1 0.160Subject Sample 05:19 Volume Not Met

0.722Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2Subject Sample 05:24 Subject Test Refused

0.105Breath Volume 05:24

0.000Air Blank 05:24

0.080Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 11/29/2016 16:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:4711/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:37

Miami PD

CRUZADO,DEODORO

01/14/2018

1789170

Miami PD

CRUZADO,DEODORO,

BROCAD

10/13/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:40

0.082Control Test 18:40

0.000Air Blank 18:40

# 1 0.188Subject Sample 18:43

2.347Breath Volume 18:43

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.199Subject Sample 18:47

2.843Breath Volume 18:47

0.000Air Blank 18:47

0.079Control Test 18:48

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 11/29/2016 16:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

23:17

Miami PD

BAPTISTE,GRAHAM

01/14/2018

1789170

Miami PD

RINCON,SEBASTIAN,R

BUCKNER

10/13/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.082Control Test 00:18

0.000Air Blank 00:18

# 1 0.131Subject Sample 00:20

3.078Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2Subject Sample 00:22 RFI Detect

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.081Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 11/29/2016 16:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:3511/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

23:17

Miami PD

BAPTISTE,GRAHAM

01/14/2018

1789170

Miami PD

RINCON,SEBASTIAN,R

BUCKNER

10/13/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

# 1 0.139Subject Sample 00:32

3.222Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.138Subject Sample 00:36

2.675Breath Volume 00:36

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 11/29/2016 16:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:45:2411/26/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:09

13:09

Miami PD

GARCIA,CHRISTOPHER

01/14/2018

1789170

Miami PD

PENA,MANUEL,E

ORTEGA

10/13/2016

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:42

0.000Air Blank 13:43

0.082Control Test 13:43

0.000Air Blank 13:43

# 1Subject Sample 13:44 Subject Test Refused

0.000Breath Volume 13:44

0.000Air Blank 13:44

0.082Control Test 13:44

0.000Air Blank 13:45

OKDiagnostics Check 13:45

Data Download Date/Time: 11/29/2016 16:27

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:51:0711/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:21

10:00

St. John's County SO

GOLDMAN,JEREMY

03/30/2019

366849

St. John's County SO

CASH,JUSTIN,A

KISER

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:44

0.000Air Blank 10:45

0.082Control Test 10:45

0.000Air Blank 10:46

# 1 0.251Subject Sample 10:46

2.496Breath Volume 10:46

0.000Air Blank 10:47

0.000Air Blank 10:49

# 2 0.236Subject Sample 10:49

1.964Breath Volume 10:49

0.000Air Blank 10:50

0.081Control Test 10:50

0.000Air Blank 10:51

OKDiagnostics Check 10:51

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:4511/09/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:09

St. John's County SO

KELLY,EZEKIEL

03/30/2019

366849

St. John's County SO

CASH,JUSTIN,A

BAKER

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

# 1Subject Sample 05:29 Subject Test Refused

0.000Breath Volume 05:29

0.000Air Blank 05:29

0.082Control Test 05:30

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5811/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:28

St. John's County SO

BRIGGS,JASON

03/30/2019

366849

St. John's County SO

SAGY,CHRISTOPHER,M

DOWNEY

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.081Control Test 01:01

0.000Air Blank 01:01

# 1 0.079Subject Sample 01:02

1.507Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:04

# 2 0.082Subject Sample 01:05

2.175Breath Volume 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4511/11/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:24

St. John's County SO

OCONNELL,SCOTT

03/30/2019

366849

St. John's County SO

SAGY,CHRISTOPHER,M

HAGAR

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:11

# 1 0.291Subject Sample 04:12

2.144Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.303Subject Sample 04:16

1.621Breath Volume 04:16

0.000Air Blank 04:16

0.082Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3011/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

22:48

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

SHAFER

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.000Subject Sample 00:18

1.347Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.000Subject Sample 00:21

1.902Breath Volume 00:21

0.000Air Blank 00:21

0.082Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3511/15/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:02

FHP Troop G

MILLER,SCOTT

03/30/2019

366849

FHP Troop G

MILLER,SCOTT,B

FLETCHER PARKS

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:06

0.000Air Blank 02:06

# 1 0.078Subject Sample 02:07

1.867Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.077Subject Sample 02:10

1.675Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2011/17/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

23:33

FHP Troop G

SHORTER,DENNIS

03/30/2019

366849

FHP Troop G

MILLER,SCOTT,B

DONALDSON

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.082Control Test 02:11

0.000Air Blank 02:12

# 1 0.188Subject Sample 02:12

4.335Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.196Subject Sample 02:15

2.464Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:1711/19/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:25

St. John's County SO

BRIGGS,JASON

03/30/2019

366849

St. John's County SO

SAGY,CHRISTOPHER,M

STRICKLAND

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.082Control Test 00:24

0.000Air Blank 00:24

# 1 0.222Subject Sample 00:27

1.148Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.194Subject Sample 00:32 Slope Not Level

1.429Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 3 0.214Subject Sample 00:35

1.238Breath Volume 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5811/20/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:45

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

CHESEK

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.082Control Test 03:16

0.000Air Blank 03:17

# 1 0.077Subject Sample 03:17

1.488Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.077Subject Sample 03:20

2.144Breath Volume 03:20

0.000Air Blank 03:21

0.083Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3011/21/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:26

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

SHARER

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.158Subject Sample 01:52

2.812Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.151Subject Sample 01:55

2.761Breath Volume 01:55

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:2011/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:39

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

OLSEN

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:42

# 1 0.146Subject Sample 00:42

3.222Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.148Subject Sample 00:45

2.714Breath Volume 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4811/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:53

St. John's County SO

BLALOCK,JERRY

03/30/2019

366849

St. Augustine PD

SAGY,CHRISTOPHER,M

DONOHUE

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.082Control Test 02:38

0.000Air Blank 02:38

# 1 0.154Subject Sample 02:41 Volume Not Met

0.472Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.155Subject Sample 02:47 Volume Not Met

0.605Breath Volume 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0911/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:53

St. John's County SO

BLALOCK,JERRY

03/30/2019

366849

St. Augustine PD

SAGY,CHRISTOPHER,M

DONOHUE

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:53 Subject Test Refused

0.070Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/30/2016 09:29

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5211/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:56

St. John's County SO

BRIGGS,JASON

03/30/2019

366849

St. John's County SO

SAGY,CHRISTOPHER,M

CAMPS

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.081Control Test 03:31

0.000Air Blank 03:31

# 1 0.235Subject Sample 03:32

1.914Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.232Subject Sample 03:35

2.375Breath Volume 03:35

0.000Air Blank 03:35

0.082Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/30/2016 09:30

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4211/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:03

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

PELLETIER

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

# 1 0.179Subject Sample 04:58

2.265Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.178Subject Sample 05:01

2.300Breath Volume 05:01

0.000Air Blank 05:01

0.081Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 11/30/2016 09:30

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:5811/27/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:35

St. Augustine PD

BRADLEY,J

03/30/2019

366849

St. John's County SO

VAUGHN,LORA,N

SERRANO OYOLA

10/25/2016

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:06

0.082Control Test 06:07

0.000Air Blank 06:07

# 1 0.248Subject Sample 06:10

2.347Breath Volume 06:10

0.000Air Blank 06:10

0.000Air Blank 06:12

# 2 0.234Subject Sample 06:13

3.148Breath Volume 06:13

0.000Air Blank 06:14

0.080Control Test 06:14

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 11/30/2016 09:30

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1611/24/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:50

North Miami PD

PINEDA,MIGUEL

04/05/2017

06415080A2

North Miami PD

PINEDA,MIGUEL,A

JULES

11/18/2016

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.079Control Test 05:42

0.000Air Blank 05:43

# 1 0.214Subject Sample 05:43

1.777Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.218Subject Sample 05:46

1.972Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 12/27/2016 12:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:3911/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:50

North Miami PD

PINEDA,MIGUEL

04/05/2017

06415080A2

North Miami PD

PINEDA,MIGUEL,A

FLAMBERT

11/18/2016

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 12/27/2016 12:56

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5911/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:30

U of Fl PD

BAIN II,KENNETH

10/05/2017

24515080A2

U of Fl PD

BAIN II,KENNETH,A

SOBCZAK

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.077Control Test 03:01

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.077Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0411/01/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:51

U of Fl PD

MOROS,JACOB

10/05/2017

24515080A2

U of Fl PD

WILLIAMS JR,STEPHANIE,G

PEREA

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.077Control Test 05:21

0.000Air Blank 05:21

# 1 0.205Subject Sample 05:22

3.328Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.199Subject Sample 05:25

1.992Breath Volume 05:25

0.000Air Blank 05:26

0.075Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:27

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5211/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:45

U of Fl PD

STEWART,DILLON

10/05/2017

24515080A2

U of Fl PD

SCIAN,MATTHEW,M

SCIAN

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.077Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.078Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5911/04/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:45

U of Fl PD

BEGUIRISTAIN,VICTOR

10/05/2017

24515080A2

U of Fl PD

STEWART,DILLON,J

SCIAN

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.077Control Test 01:55

0.000Air Blank 01:56

# 1Subject Sample 01:56 Subject Test Refused

0.000Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1511/05/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:43

U of Fl PD

BAIN,KENNETH

10/05/2017

24515080A2

U of Fl PD

ANDERSON,GEOFFREY,A

PRICE

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.077Control Test 03:19

0.000Air Blank 03:20

# 1 0.138Subject Sample 03:23

2.675Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.134Subject Sample 03:26

2.070Breath Volume 03:26

0.000Air Blank 03:27

0.076Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2311/06/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:44

U of Fl PD

BAIN II,KENNETH

10/05/2017

24515080A2

U of Fl PD

BAIN II,KENNETH,A

WILLIAMS

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.077Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1111/10/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:25

U of Fl PD

MCMILLAN,SHIKINA

10/05/2017

24515080A2

U of Fl PD

BECKHAM,MARCUS,W

ALEXANDER

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.077Control Test 01:15

0.000Air Blank 01:16

# 1 0.000Subject Sample 01:17

2.335Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.000Subject Sample 01:20

2.371Breath Volume 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:5811/13/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:04

Alachua County SO

FRICKER,JEFF

10/05/2017

24515080A2

Alachua County SO

LEVY,JAYSON,I

ARMOND

10/28/2016

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.077Control Test 02:04

0.000Air Blank 02:05

# 1 0.165Subject Sample 02:06

1.437Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.165Subject Sample 02:09

2.019Breath Volume 02:09

0.000Air Blank 02:10

0.077Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 11/23/2016 14:40

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0011/28/2016

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:41

Osceola County SO

LYONS,D

10/30/2018

163437

Osceola County SO

LYONS,D,E

KARASALIHOVIC

11/18/2016

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

# 1 0.092Subject Sample 04:03

2.906Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.090Subject Sample 04:06

1.785Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 12/05/2016 09:57

06 June 2018Printed:

COBRA ©1997-2014 CMI, Inc.


