
80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1205/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

Seminole County SO

DAIL,EDD

01/14/2018

1789170

Oviedo PD

GARCIA,RAY,

HA

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

# 1 0.111Subject Sample 01:24

1.316Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.107Subject Sample 01:27

1.425Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:28:1705/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

07:01

Seminole County SO

RODRIGUEZ,J

01/14/2018

1789170

Longwood PD

ANCION,CALIX,

BERACIERTODELGADO

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:21

0.000Air Blank 08:21

0.080Control Test 08:22

0.000Air Blank 08:22

# 1 0.091Subject Sample 08:23

2.074Breath Volume 08:23

0.000Air Blank 08:24

0.000Air Blank 08:25

# 2 0.092Subject Sample 08:26

1.765Breath Volume 08:26

0.000Air Blank 08:27

0.081Control Test 08:27

0.000Air Blank 08:28

OKDiagnostics Check 08:28

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1005/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:22

Seminole County SO

WALTON,JERMAINE

01/14/2018

1789170

Oviedo PD

SIMMENS,ADAM,J

CAVA

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1Subject Sample 20:29 No Sample Provided

0.000Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.000Subject Sample 20:34 Volume Not Met

0.000Breath Volume 20:34

0.000Air Blank 20:35

0.082Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:0005/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:35

Seminole County SO

ANCION,CALIX

01/14/2018

1789170

Seminole County SO

ANCION,CALIX,

ROA

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.081Control Test 19:17

0.000Air Blank 19:18

# 1 0.000Subject Sample 19:18

3.281Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.000Subject Sample 19:21

3.910Breath Volume 19:21

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:23

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:3505/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:02

17:52

Sanford PD

FRENCH,CHRISTOPHER

01/14/2018

1789170

Sanford PD

MEADOWS,SHAWN,M

BALDECK

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

# 1 0.219Subject Sample 19:34

1.523Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.204Subject Sample 19:39

2.750Breath Volume 19:39

0.000Air Blank 19:39

0.082Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:4405/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

05:00

Seminole County SO

CORCHADO,HUNTER

01/14/2018

1789170

Seminole County SO

BERRIOS,STEPHANIE,A

GUZMAN

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.081Control Test 05:33

0.000Air Blank 05:33

# 1 0.176Subject Sample 05:34

2.707Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.168Subject Sample 05:37

2.464Breath Volume 05:37

0.000Air Blank 05:37

0.081Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:1305/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:24

Seminole County SO

KINKOPF,TIMOTHY

01/14/2018

1789170

Seminole County SO

GARCIA,RAY,

SWENSON

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.081Control Test 21:17

0.000Air Blank 21:18

# 1 0.269Subject Sample 21:18

1.292Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.262Subject Sample 21:21

1.218Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:4105/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:40

Seminole County SO

WHITE,STEPHEN

01/14/2018

1789170

Seminole County SO

GARCIA,RAY,

MCLAY

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.080Control Test 05:54

0.000Air Blank 05:54

# 1 0.206Subject Sample 05:55

1.761Breath Volume 05:55

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.207Subject Sample 05:58

2.097Breath Volume 05:58

0.000Air Blank 05:58

0.081Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1605/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:34

Seminole County SO

COLBURN,MEGAN

01/14/2018

1789170

Casselberry PD

GARCIA,RAY,

SARIS

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:35

# 1 0.230Subject Sample 03:36

2.421Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.229Subject Sample 03:39

2.214Breath Volume 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:1205/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:50

Seminole County SO

TEEHAN,MATTHEW

01/14/2018

1789170

Altamonte Springs PD

GARCIA,RAY,

KELLER

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1 0.230Subject Sample 01:37

3.609Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.225Subject Sample 01:41

3.285Breath Volume 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:46:1605/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

09:45

Lake Mary PD

SCHUCK,M

01/14/2018

1789170

Seminole County SO

CRAWFORD,L,P

THOMAS

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:45

Air Blank 10:45 RFI Detect

0.000Air Blank 10:46

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:55:2905/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

09:45

Lake Mary PD

SCHUCK,M

01/14/2018

1789170

Seminole County SO

CRAWFORD,L,P

THOMAS

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:52

0.000Air Blank 10:52

0.081Control Test 10:53

0.000Air Blank 10:53

# 1Subject Sample 10:54 Subject Test Refused

0.000Breath Volume 10:54

0.000Air Blank 10:54

0.080Control Test 10:54

0.000Air Blank 10:55

OKDiagnostics Check 10:55

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:04:0305/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:28

12:17

Lake Mary PD

MAYFIELD,J

01/14/2018

1789170

Seminole County SO

CRAWFORD,L,P

RUSH

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:01

0.000Air Blank 14:01

0.081Control Test 14:02

0.000Air Blank 14:02

# 1Subject Sample 14:02 Subject Test Refused

0.000Breath Volume 14:02

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:03

OKDiagnostics Check 14:04

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0805/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:05

Seminole County SO

REHDER,PATRICK

01/14/2018

1789170

Seminole County SO

BETHAM,KEITH,D

WITTE

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.191Subject Sample 03:01 Volume Not Met

0.105Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.189Subject Sample 03:04

1.335Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.198Subject Sample 03:07

2.550Breath Volume 03:07

0.000Air Blank 03:08

0.083Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000998CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2105/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:13

Seminole County SO

VARKONY,JUSTIN

01/14/2018

1789170

Oviedo PD

GARCIA,RAY,

DEIULIO

05/06/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

# 1 0.011Subject Sample 03:10

1.117Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.013Subject Sample 03:12

1.578Breath Volume 03:12

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 07/03/2017 22:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1105/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

22:52

Satellite Beach PD

ANDERSON,ERIC

12/05/2019

646645

Satellite Beach PD

ANDERSON,ERIC,G

CURRY

05/01/2017

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.080Control Test 23:05

0.000Air Blank 23:05

# 1 0.169Subject Sample 23:06

1.363Breath Volume 23:06

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.170Subject Sample 23:10

1.269Breath Volume 23:10

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 05/27/2017 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:0805/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:52

Satellite Beach PD

HOLLAND,ANTHONY

12/05/2019

646645

Satellite Beach PD

HOLLAND,ANTHONY,M

RODRIGUEZ

05/27/2017

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

# 1Subject Sample 21:36 No Sample Provided

0.000Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2Subject Sample 21:41 No Sample Provided

0.000Breath Volume 21:41

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 06/30/2017 15:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:0505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:05

Hardee County SO

FRANKS,AARON

12/10/2018

203498

FFWCC (Lakeland)

SNEIDER,MARK,A

AIGOTTI

04/26/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

# 1 0.115Subject Sample 04:10 Volume Not Met

0.066Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.158Subject Sample 04:16 Volume Not Met

0.015Breath Volume 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:18

Data Download Date/Time: 05/30/2017 10:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1705/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

20:45

FHP Troop C

CORRAO,MICHAEL

10/24/2018

AG629802

FHP Troop C

CORRAO,MICHAEL,W

LEACH

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.150Subject Sample 23:03

1.257Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.150Subject Sample 23:06

1.195Breath Volume 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3505/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:13

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

LAYANA

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3205/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:39

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

HEDLUND

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1605/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:16

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

TINCHER

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:58 No Sample Provided

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:0505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

04:52

Pinellas County SO

HANNA,J

10/24/2018

AG629802

Pinellas County SO

ANTHONY,M,

SUNDAY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.081Control Test 05:52

0.000Air Blank 05:52

# 1Subject Sample 05:53 Subject Test Refused

0.000Breath Volume 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:3205/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:25

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

JIMENEZ

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.263Subject Sample 00:10

1.601Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.286Subject Sample 00:13

1.746Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 3 0.280Subject Sample 00:17

1.593Breath Volume 00:17

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:04

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

CECILIO TORRES

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2Subject Sample 01:55 No Sample Provided

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:45

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

GILBERT

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.080Subject Sample 03:26

1.894Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.081Subject Sample 03:30

1.546Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5205/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:58

Pinellas County SO

MCDONALD,KIMBERLY

10/24/2018

AG629802

Treasure Island PD

GRIFFIN,KYLE,A

CROTTS

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

# 1 0.065Subject Sample 01:02

3.085Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.062Subject Sample 01:05

1.851Breath Volume 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:4505/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:21

Pinellas County SO

DAVIDSON,MATTHEW

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

DELGADO

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.197Subject Sample 04:26

2.730Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.193Subject Sample 04:29

3.488Breath Volume 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:48

Pinellas County SO

RICOTTILLI,JOSHUA

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

DENT

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 05/10/2017 22:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5205/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:06

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

PORTER

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

# 1 0.135Subject Sample 22:57

2.460Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.138Subject Sample 23:00

2.335Breath Volume 23:00

0.000Air Blank 23:00

0.081Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5105/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:11

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

SCAVELLI

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2405/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:10

Pinellas County SO

GALATI,VINCENZO

10/24/2018

AG629802

Pinellas County SO

GALATI,VINCENZO,F

XHOKLI

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:29

# 1Subject Sample 03:30 Subject Test Refused

0.000Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3405/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:45

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

BARRAGANCHACHON

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.066Subject Sample 01:34 Volume Not Met

0.636Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.077Subject Sample 01:37

1.636Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 3 0.080Subject Sample 01:41

1.761Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5705/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:38

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

ISAACS

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:0105/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:40

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

LOPEZ ESPINAL

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

# 1Subject Sample 19:49 No Sample Provided

0.000Breath Volume 19:49

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.216Subject Sample 19:53

1.265Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 3 0.211Subject Sample 19:56

1.425Breath Volume 19:56

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:58

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:5105/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:01

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

HENSON

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:52

# 1 0.000Subject Sample 20:53

1.792Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.000Subject Sample 20:57

1.953Breath Volume 20:57

0.000Air Blank 20:57

0.080Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0805/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:32

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

CHIPAHUAQUIAHUA

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1 0.156Subject Sample 01:15

1.511Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.163Subject Sample 01:18

1.390Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:2005/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:36

16:37

FHP Troop C

JAMES,STEVEN

10/24/2018

AG629802

FHP Troop C

JAMES,STEVEN,M

MACKOWIAK

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:24

0.081Control Test 17:24

0.000Air Blank 17:24

# 1Subject Sample 17:25 Subject Test Refused

0.000Breath Volume 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:1205/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:47

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

MCCOY

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:00

# 1 0.185Subject Sample 00:01

2.289Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.183Subject Sample 00:04

2.390Breath Volume 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:25:3405/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:54

11:20

Pinellas County SO

MILLER,HOWARD

10/24/2018

AG629802

Pinellas County SO

PIERCE,SCOTT,A

MULLINS

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:19

0.000Air Blank 12:19

0.081Control Test 12:20

0.000Air Blank 12:20

# 1 0.000Subject Sample 12:21

2.105Breath Volume 12:21

0.000Air Blank 12:21

0.000Air Blank 12:23

# 2 0.000Subject Sample 12:24

1.984Breath Volume 12:24

0.000Air Blank 12:24

0.080Control Test 12:24

0.000Air Blank 12:25

OKDiagnostics Check 12:25

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4305/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:12

FHP Troop C

CAULK,DANIEL

10/24/2018

AG629802

FHP Troop C

DUCKERS,ROBERT,S

TAYLOR

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:24

# 1 0.214Subject Sample 23:26

1.437Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.213Subject Sample 23:29

2.097Breath Volume 23:29

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:0105/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:09

Pinellas County SO

HOOD,COREY

10/24/2018

AG629802

Pinellas County SO

HOOD,COREY,M

YORDY

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:09

0.000Air Blank 23:09

# 1 0.090Subject Sample 23:10

1.828Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.091Subject Sample 23:14

1.589Breath Volume 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:16

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0205/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

18:32

Pinellas County SO

SUDBRINK,BRIAN

10/24/2018

AG629802

Pinellas County SO

SUDBRINK,BRIAN,J

LYNCH

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

# 1 0.179Subject Sample 19:34

1.347Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.178Subject Sample 19:37

1.554Breath Volume 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:39

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4805/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:25

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

TATARCZUCH

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2405/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:45

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

ESTRADA

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

# 1 0.000Subject Sample 22:38

1.265Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.000Subject Sample 22:42

1.230Breath Volume 22:42

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0105/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:27

Pinellas County SO

WHITEHURST,WYETH

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

MELTON

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:10

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2005/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:51

Pinellas County SO

FOSTER,ALEXANDER

10/24/2018

AG629802

Pinellas County SO

BLAKE,JONATHAN,S

GOODBAKER

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:51

# 1Subject Sample 22:54 No Sample Provided

0.000Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2Subject Sample 22:56 Subject Test Refused

0.000Breath Volume 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:4005/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:41

Pinellas County SO

WHITEHURST,WYETH

10/24/2018

AG629802

Pinellas County SO

BLAKE,JONATHAN,S

MCNEILL

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.081Control Test 00:47

0.000Air Blank 00:47

# 1Subject Sample 00:50 No Sample Provided

0.000Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2Subject Sample 00:53 Subject Test Refused

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.080Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3605/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:44

Pinellas County SO

JACOBY,LARRY

10/24/2018

AG629802

Pinellas County SO

JACOBY,LARRY,K

SOLA

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:30

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:1105/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:56

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

KNOWLES

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

Air Blank 21:04 RFI Detect

0.000Air Blank 21:05

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:3005/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:56

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

KNOWLES

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.081Control Test 21:08

0.000Air Blank 21:08

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3705/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:00

Pinellas County SO

COLLMAN,IAN

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

KIWACZ

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

# 1 0.171Subject Sample 04:52

2.707Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.162Subject Sample 04:56

2.566Breath Volume 04:56

0.000Air Blank 04:56

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:49:3105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:14

11:35

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

BALTIMORE

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:38

0.000Air Blank 12:38

0.080Control Test 12:38

0.000Air Blank 12:39

# 1Subject Sample 12:42 No Sample Provided

0.000Breath Volume 12:42

0.000Air Blank 12:43

0.000Air Blank 12:45

# 2Subject Sample 12:48 No Sample Provided

0.000Breath Volume 12:48

0.000Air Blank 12:48

0.081Control Test 12:48

0.000Air Blank 12:49

OKDiagnostics Check 12:49

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1605/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:41

Pinellas County SO

HANNA,JANE

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

LOZANO SOJO

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1 0.143Subject Sample 00:48

2.699Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.144Subject Sample 00:51

1.863Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:3005/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

18:18

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

PHILIPSON

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:36

# 1 0.000Subject Sample 19:37

1.898Breath Volume 19:37

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.000Subject Sample 19:40

1.722Breath Volume 19:40

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:5905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:15

FHP Troop C

JAMES,STEVEN

10/24/2018

AG629802

FHP Troop C

JAMES,STEVEN,M

STUBBS

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:51

# 1 0.113Subject Sample 19:55 Volume Not Met

0.992Breath Volume 19:55

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.135Subject Sample 19:58

2.164Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 3 0.127Subject Sample 20:01

2.316Breath Volume 20:01

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:4505/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:14

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

KAMIEN

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1Subject Sample 21:18 Subject Test Refused

0.000Breath Volume 21:18

0.000Air Blank 21:18

0.081Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 06/28/2017 23:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:5405/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:46

Pinellas County SO

WHITEHURST,W

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

GEDDINGS

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.076Control Test 21:40

0.000Air Blank 21:40

# 1 0.203Subject Sample 21:41

1.164Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.226Subject Sample 21:46

2.058Breath Volume 21:46

0.000Air Blank 21:47

0.000Air Blank 21:48

# 3 0.211Subject Sample 21:49

2.230Breath Volume 21:49

0.000Air Blank 21:49

0.077Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:0805/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:37

16:18

FHP Troop C

HARTZIG,BOBBY

10/24/2018

AG629802

FHP Troop C

HARTZIG,BOBBY,L

PARRY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:14

0.000Air Blank 17:14

0.080Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:18 No Sample Provided

0.000Breath Volume 17:18

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2Subject Sample 17:21 Subject Test Refused

0.000Breath Volume 17:21

0.000Air Blank 17:22

0.079Control Test 17:22

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1305/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:53

Pinellas County SO

WHITEHURST,W

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

BORITSKIY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.079Control Test 22:50

0.000Air Blank 22:50

# 1 0.247Subject Sample 22:51

2.113Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.240Subject Sample 22:54

1.703Breath Volume 22:54

0.000Air Blank 22:55

0.077Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1705/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:50

Pinellas County SO

MASON,G

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

FREY

04/15/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.078Control Test 23:00

0.000Air Blank 23:00

# 1 0.152Subject Sample 23:01

1.878Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.145Subject Sample 23:04

1.871Breath Volume 23:04

0.000Air Blank 23:05

0.078Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 05/10/2017 20:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:3205/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

19:00

Pinellas County SO

GALATI,VINCENZO

10/24/2018

AG629802

Pinellas County SO

GALATI,VINCENZO,F

VICENS

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

# 1 0.163Subject Sample 20:06

1.179Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.178Subject Sample 20:09

1.242Breath Volume 20:09

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 06/28/2017 20:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:5005/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:26

Pinellas County SO

HOLE,S

10/24/2018

AG629802

Pinellas County SO

HOLE,S,A

NOVOTNY

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.079Control Test 05:19

0.000Air Blank 05:19

# 1 0.067Subject Sample 05:20

1.687Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.066Subject Sample 05:23

2.359Breath Volume 05:23

0.000Air Blank 05:23

0.079Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 06/28/2017 20:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:2905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:15

Indialantic PD

VERDEROSA,TIFFANY

02/05/2018

01316080A1

Indialantic PD

VERDEROSA,TIFFANY,M

PIQUEMAL

05/18/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.078Control Test 00:57

0.000Air Blank 00:57

# 1 0.308Subject Sample 00:58

2.703Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.301Subject Sample 01:00

2.417Breath Volume 01:00

0.000Air Blank 01:01

0.077Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/07/2017 16:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:0005/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:00

13:30

Haines City PD

JACKSON,CHRISTOPHER

01/23/2020

684131

Haines City PD

JACKSON,CHRISTOPHER,M

PAUL

04/27/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.083Control Test 16:49

0.000Air Blank 16:50

# 1 0.000Subject Sample 16:50

2.972Breath Volume 16:50

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.000Subject Sample 16:53

3.203Breath Volume 16:53

0.000Air Blank 16:54

0.082Control Test 16:54

0.000Air Blank 16:54

OKDiagnostics Check 16:55

Data Download Date/Time: 05/21/2017 10:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5205/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

12:35

Brevard County SO

GUTTEBO,KENT

10/05/2017

24515080A1

Brevard County SO

GUTTEBO,KENT,N

FINWALL

04/30/2017

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

# 1 0.018Subject Sample 01:38

1.273Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.019Subject Sample 01:42

1.398Breath Volume 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 05/24/2017 12:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:3605/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:43

Brevard County SO

GUTTEBO,KENT

10/05/2017

24515080A1

Brevard County SO

GUTTEBO,KENT,N

MEDINA LOPEZ

04/30/2017

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.193Subject Sample 03:20

1.214Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.180Subject Sample 03:24

1.410Breath Volume 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 05/24/2017 12:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5405/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:20

Palm Bay PD

MARION,R

10/05/2017

24515080A2

Palm Bay PD

HAMILTON,J,W

ECTOR

04/23/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.124Subject Sample 02:14

2.156Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.124Subject Sample 02:17

2.257Breath Volume 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 05/26/2017 05:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

00:15

Palm Bay PD

HAMILTON,J

10/05/2017

24515080A2

Palm Bay PD

HAMILTON,J,W

DEVRIES

05/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.232Subject Sample 00:31

1.882Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.239Subject Sample 00:34

1.937Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 06/23/2017 17:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2605/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:09

Pinellas Park PD

SHEA,JOHN

05/05/2018

09216080A2

Pinellas Park PD

SHEA,CPL,J

CHASE

04/04/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

# 1 0.000Subject Sample 03:58

3.515Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.000Subject Sample 04:01

3.343Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 05/03/2017 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:1805/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:32

Pinellas Park PD

ROLLESTON,JACOB

01/05/2019

32316080A2

Pinellas Park PD

ROLLESTON,JACOB,M

BLUNT

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.079Control Test 21:15

0.000Air Blank 21:15

# 1 0.247Subject Sample 21:16

1.652Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.244Subject Sample 21:18

1.484Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:3105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:34

Pinellas Park PD

ROLLESTON,JACOB

01/05/2019

32316080A2

Pinellas Park PD

ROLLESTON,JACOB,M

HAYSLIP

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:11

0.079Control Test 17:11

0.000Air Blank 17:12

# 1 0.000Subject Sample 17:12

1.445Breath Volume 17:12

0.000Air Blank 17:12

0.000Air Blank 17:14

# 2 0.000Subject Sample 17:15

1.546Breath Volume 17:15

0.000Air Blank 17:15

0.080Control Test 17:15

0.000Air Blank 17:16

OKDiagnostics Check 17:16

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3605/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:19

Pinellas Park PD

ROLLESTON,JACOB

01/05/2019

32316080A2

Pinellas Park PD

ROLLESTON,JACOB,M

MARSHALL

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1 0.000Subject Sample 01:52

2.140Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.000Subject Sample 01:55

1.820Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:3305/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:58

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

PIPP

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.000Subject Sample 22:30

2.546Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.000Subject Sample 22:33

2.449Breath Volume 22:33

0.000Air Blank 22:33

0.082Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:33

Pinellas Park PD

SHEA,JOHN

01/05/2019

32316080A2

Pinellas Park PD

SHEA,CPL,J

ROJAS

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3805/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:31

Pinellas Park PD

SHEA,JOHN

01/05/2019

32316080A2

Pinellas Park PD

SHEA,CPL,J

MOICZEK

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.079Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.078Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:2005/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

16:45

Pinellas Park PD

ROLLESTON,JACOB

01/05/2019

32316080A2

Pinellas Park PD

ROLLESTON,JACOB,M

JENKINS

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:22

0.079Control Test 17:23

0.000Air Blank 17:23

# 1Subject Sample 17:23 Subject Test Refused

0.000Breath Volume 17:23

0.000Air Blank 17:24

0.078Control Test 17:24

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3005/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:11

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

TAYLOR-RESTREPO

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:53 Subject Test Refused

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5505/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:28

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

FITZGIBBON

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:2805/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:05

Pinellas Park PD

BELTRAN-HERNANDEZ,JOSUE

01/05/2019

32316080A2

Kenneth City PD

MAZZELLA,JOSEPH,T

JOHNSON

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.079Control Test 05:26

0.000Air Blank 05:27

# 1 0.210Subject Sample 05:27

3.578Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.209Subject Sample 05:31

3.511Breath Volume 05:31

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:57

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

CREAMER

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.047Subject Sample 01:29

2.332Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.044Subject Sample 01:32

2.175Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:23

Pinellas Park PD

BOYLE,THOMAS

01/05/2019

32316080A2

Pinellas Park PD

BOYLE,THOMAS,E

ELSTON

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

# 1 0.264Subject Sample 03:01

2.257Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.250Subject Sample 03:04

1.816Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:0605/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:10

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

GREGORY

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:39 Subject Test Refused

0.000Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0705/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:57

Pinellas Park PD

ROLLESTON,JACOB

01/05/2019

32316080A2

Pinellas Park PD

ROLLESTON,JACOB,M

COCKEREL

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.263Subject Sample 00:34

1.988Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.249Subject Sample 00:37

1.613Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5405/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:03

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

01/05/2019

32316080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

WEST

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

# 1Subject Sample 03:36 Subject Test Refused

0.000Breath Volume 03:36

0.000Air Blank 03:37

0.078Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:5705/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:28

Pinellas Park PD

SHEA,JOHN

01/05/2019

32316080A2

Pinellas Park PD

SHEA,CPL,J

GARCIA LABRADA

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1 0.112Subject Sample 04:05

2.804Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.110Subject Sample 04:08

2.277Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:50

Pinellas Park PD

GRIFFIN,OFC

01/05/2019

32316080A2

Indian Shores PD

COUCH,WILLIAM,K

SIMMONS

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:44

# 1 0.207Subject Sample 02:45

2.421Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.191Subject Sample 02:48

1.757Breath Volume 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3505/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:37

Pinellas Park PD

REQUENA,CARLOS

01/05/2019

32316080A2

Pinellas Park PD

JACOBSEN,STEPHEN,M

TEMPLETON

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:4705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:37

Pinellas Park PD

REQUENA,CARLOS

01/05/2019

32316080A2

Pinellas Park PD

JACOBSEN,STEPHEN,M

TEMPLETON

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1 0.145Subject Sample 04:52

1.996Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:54

# 2 0.151Subject Sample 04:55

2.070Breath Volume 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2105/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:40

Pinellas Park PD

ROZZI,SHANNON

01/05/2019

32316080A2

Pinellas Park PD

ROZZI,SHANNON,R

UN

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.144Subject Sample 03:43

2.164Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.143Subject Sample 03:46

2.304Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:0005/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:32

Pinellas Park PD

REQUENA,CARLOS

01/05/2019

32316080A2

Pinellas Park PD

JACOBSEN,STEPHEN,M

SINGDAHLSEN

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.079Control Test 20:18

0.000Air Blank 20:18

# 1 0.320Subject Sample 20:19

1.746Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.316Subject Sample 20:22

1.867Breath Volume 20:22

0.000Air Blank 20:23

0.079Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:24

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:1105/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:17

Pinellas Park PD

SKINNER,S

01/05/2019

32316080A2

Pinellas Park PD

JOB,MORGANA,A

BURKHEAD

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.079Control Test 21:06

0.000Air Blank 21:07

# 1 0.000Subject Sample 21:07

1.566Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.000Subject Sample 21:10

1.632Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001042CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:5305/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:34

Pinellas Park PD

CZOP,BRYAN

01/05/2019

32316080A2

Pinellas Park PD

BOYLE,THOMAS,E

DESROBERTS MCFADDEN

05/03/2017

8100.27

PINELLAS PARK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

# 1Subject Sample 21:13 Subject Test Refused

0.000Breath Volume 21:13

0.000Air Blank 21:13

0.079Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 06/06/2017 11:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:4505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

21:00

21:00

Highlands County SO

DOUBERLEY,CHAD

06/05/2018

12716080A6

Highlands County SO

KEEFE,JAYME,W

FLETCHER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.077Control Test 21:28

0.000Air Blank 21:29

# 1 0.368Subject Sample 21:30

2.214Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.366Subject Sample 21:33

1.500Breath Volume 21:33

0.000Air Blank 21:33

0.076Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 05/28/2017 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0205/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:00

21:03

Highlands County SO

DOUBERLEY,CHAD

06/05/2018

12716080A6

Highlands County SO

KEEFE,JAYME,W

FLETCHER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

# 1 0.230Subject Sample 03:31

2.136Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.235Subject Sample 03:34

2.574Breath Volume 03:34

0.000Air Blank 03:35

0.076Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 05/28/2017 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:2405/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

04:30

21:03

Highlands County SO

DOUBERLEY,CHAD

06/05/2018

12716080A6

Highlands County SO

KEEFE,JAYME,W

FLETCHER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.077Control Test 05:14

0.000Air Blank 05:14

# 1 0.214Subject Sample 05:15

2.605Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:17

# 2Subject Sample 05:20 RFI Detect

0.000Breath Volume 05:20

0.000Air Blank 05:20

0.077Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 05/28/2017 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:3705/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:00

Coconut Creek Pub Sf

MORALES,DAVID

06/10/2017

1694353

Coconut Creek Pub Sf

MORALES,DAVID,J

GURIAN

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.079Control Test 20:06

0.000Air Blank 20:07

# 1 0.200Subject Sample 20:07

3.339Breath Volume 20:07

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2 0.209Subject Sample 20:10

3.937Breath Volume 20:10

0.000Air Blank 20:10

0.078Control Test 20:11

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2805/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:24

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

HENRIQUEZ SANDOVAL

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.166Subject Sample 02:01

1.539Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.172Subject Sample 02:04

2.007Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:4805/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:36

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

DOWNEY

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:19

# 1 0.142Subject Sample 01:20

1.140Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.143Subject Sample 01:23

1.335Breath Volume 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1705/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:59

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

JOSEPH

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:43 Subject Test Refused

0.019Breath Volume 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1205/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:43

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

LOUIS

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:22

# 1 0.189Subject Sample 02:24

1.933Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:26

# 2 0.198Subject Sample 02:27

1.742Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2805/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:35

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

ANDERSON

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

# 1 0.174Subject Sample 03:11

1.203Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.175Subject Sample 03:14

1.703Breath Volume 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:0405/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:53

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

BARBOSA

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:36

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2805/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:50

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

06/10/2017

1694353

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

FIGUEROA

04/24/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 05/29/2017 11:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2105/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:43

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

DINKINS,CHRISTOPHER,D

GUNTHER

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:05

# 1 0.150Subject Sample 03:06

1.511Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.150Subject Sample 03:09

1.722Breath Volume 03:09

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2805/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:00

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

BURNS,D,L

WEBSTER

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.139Subject Sample 02:11

2.792Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.141Subject Sample 02:14

3.785Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0405/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:35

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

BURNS,D,L

ROSS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

00:55

Jacksonville SO

HOWARD,J

08/05/2018

17316080A3

FHP Troop G

BURNS,D,L

KIGHT

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1 0.113Subject Sample 02:55

2.425Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.108Subject Sample 02:58

1.617Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:2705/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

16:00

Jacksonville SO

SUYDAM,B

08/05/2018

17316080A3

Jacksonville SO

ORTAGUS,B,A

BOCK

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:50

Air Blank 18:50 Ambient Fail

0.000Air Blank 18:51

Data Download Date/Time: 05/12/2017 10:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:4805/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

16:00

Jacksonville SO

SUYDAN,B

08/05/2018

17316080A3

Jacksonville SO

ORTAGUS,B,A

BOCK

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.079Control Test 18:54

0.000Air Blank 18:55

# 1 0.128Subject Sample 18:57

1.574Breath Volume 18:57

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.137Subject Sample 19:00

1.285Breath Volume 19:00

0.000Air Blank 19:00

0.078Control Test 19:01

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4905/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:55

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

SUTTON,BRADEN,J

WHITE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.213Subject Sample 03:33

3.242Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.215Subject Sample 03:36

3.523Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:5105/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:40

Jacksonville SO

EANES,J.L.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

STALLINGS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:52

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:1305/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:46

Jacksonville SO

BAI,S.W.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

WHITE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.000Subject Sample 01:06

1.765Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.000Subject Sample 01:09

2.117Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:4705/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

20:12

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

MARTELL,CHRISTOPHER,D

CAMPBELL

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

# 1 0.252Subject Sample 22:12

1.265Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:14

# 2 0.276Subject Sample 22:16

1.234Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 3 0.246Subject Sample 22:19

1.746Breath Volume 22:19

0.000Air Blank 22:19

0.076Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2605/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:45

Jacksonville SO

STANLEY,T.L.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

GEFFARD

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.141Subject Sample 01:37

1.441Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.146Subject Sample 01:39

1.894Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1605/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:50

Jacksonville SO

GARCIA,J.R.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

PATTERSON

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.078Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2105/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

19:30

Jacksonville SO

RODRIGUEZ,M.R.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

SMITH

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1Subject Sample 23:17 RFI Detect

0.199Breath Volume 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

19:30

Jacksonville SO

RODRIGUEZ,M.R.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

SMITH

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:22

0.000Air Blank 23:22

# 1 0.000Subject Sample 23:23

2.808Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:26

2.550Breath Volume 23:26

0.000Air Blank 23:26

0.079Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4305/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

21:40

Jacksonville SO

WHITE,J.M.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

COTHREN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

# 1 0.000Subject Sample 00:10

1.964Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.000Subject Sample 00:13

2.070Breath Volume 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3705/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:09

Jacksonville SO

STANLEY,T.L.

08/05/2018

17316080A3

Jacksonville SO

WEBER,JOSEPH,L

WILLIAMS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

# 1 0.154Subject Sample 02:46

2.957Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.150Subject Sample 02:49

3.015Breath Volume 02:49

0.000Air Blank 02:49

0.078Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:2405/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

17:30

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

BAKER,TYLER,R

BUCCELLA

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:06

0.079Control Test 19:06

0.000Air Blank 19:07

# 1 0.058Subject Sample 19:08

2.976Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:10

# 2 0.052Subject Sample 19:11

1.781Breath Volume 19:11

0.000Air Blank 19:12

0.079Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:3805/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

18:38

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

BAKER,TYLER,R

WARD

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

# 1 0.000Subject Sample 20:20

1.429Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.000Subject Sample 20:23

1.589Breath Volume 20:23

0.000Air Blank 20:23

0.079Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:2705/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:47

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

WEBER,JOSEPH,L

MILBURN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:51

# 1 0.000Subject Sample 22:52

3.667Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.000Subject Sample 22:55

3.003Breath Volume 22:55

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:2005/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:32

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

BURNS,D,L

ROGERS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.140Subject Sample 04:03

1.531Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.137Subject Sample 04:06

1.562Breath Volume 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 05/12/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5605/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:00

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

POWELL

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.263Subject Sample 00:34

2.574Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.271Subject Sample 00:37

2.210Breath Volume 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 05/31/2017 11:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4605/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:15

Jacksonville SO

CAMACHO,K

08/05/2018

17316080A3

Neptune Beach PD

LIGHTSEY,ROBERT,D

SEARCY

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 05/31/2017 11:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0805/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

00:30

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

WILLIAMS

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.078Control Test 02:53

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.078Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:0105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:55

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

MCPHERSON

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.079Control Test 05:08

0.000Air Blank 05:08

# 1 0.132Subject Sample 05:09

2.519Breath Volume 05:09

0.000Air Blank 05:10

0.000Air Blank 05:11

# 2 0.114Subject Sample 05:12

1.609Breath Volume 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:14

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:3205/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:30

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

DASHER,JOSHUA,L

MAYER

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

# 1 0.076Subject Sample 20:52

2.328Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.075Subject Sample 20:55

1.589Breath Volume 20:55

0.000Air Blank 20:56

0.078Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0405/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:02

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

SCHUMAN

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1 0.123Subject Sample 02:30

2.175Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.118Subject Sample 02:35

2.730Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:37

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2505/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:05

Jacksonville SO

BROWN,T

08/05/2018

17316080A3

Jacksonville SO

BURNS,D,L

FETNER

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

# 1 0.156Subject Sample 01:27

2.859Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.160Subject Sample 01:30

3.023Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:1705/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

01:43

Jacksonville SO

ASHMORE,R

08/05/2018

17316080A3

Neptune Beach PD

BURNS,D,L

KAPUKAUANOE

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:22:5505/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:56

09:24

Jacksonville SO

TBER,T

08/05/2018

17316080A3

FHP Troop G

SPICER,LORETHA,A

CAMINO

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:17

0.000Air Blank 11:17

0.080Control Test 11:17

0.000Air Blank 11:18

# 1 0.000Subject Sample 11:18

2.562Breath Volume 11:18

0.000Air Blank 11:19

0.000Air Blank 11:21

# 2 0.000Subject Sample 11:21

3.117Breath Volume 11:21

0.000Air Blank 11:21

0.079Control Test 11:22

0.000Air Blank 11:22

OKDiagnostics Check 11:22

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:3505/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

20:40

Jacksonville SO

MOELLER,R

08/05/2018

17316080A3

Jacksonville SO

DASHER,JOSHUA,L

ROSE

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

# 1 0.104Subject Sample 22:25

2.359Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.103Subject Sample 22:28

2.125Breath Volume 22:28

0.000Air Blank 22:28

0.078Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:00

Jacksonville SO

DOUGHFMAN,D

08/05/2018

17316080A3

Jacksonville SO

LIGHTSEY,ROBERT,D

DURRANT

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.079Control Test 05:15

0.000Air Blank 05:15

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:18

0.078Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 05/31/2017 11:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2305/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:50

Broward County SO

NAVARRO,CASIMIRO

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

DEL ROSARIO

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.078Subject Sample 21:49

2.042Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.077Subject Sample 21:51

1.593Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 06/19/2017 17:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:4505/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

08:04

Broward County SO

HAMZE,NEZAR

01/14/2018

1789170

Broward County SO

HARNANDAN,INDROWTIE,

BLACHWOOD

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:25

0.000Air Blank 09:26

0.080Control Test 09:26

0.000Air Blank 09:27

# 1 0.000Subject Sample 09:27

2.476Breath Volume 09:27

0.000Air Blank 09:27

0.000Air Blank 09:29

# 2 0.000Subject Sample 09:30

2.558Breath Volume 09:30

0.000Air Blank 09:30

0.081Control Test 09:31

0.000Air Blank 09:31

OKDiagnostics Check 09:31

Data Download Date/Time: 06/19/2017 17:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:15

Broward County SO

JOHNSON,EDWIN

01/14/2018

1789170

OTHER State

GRAY,SANDRA,

KPENKAAN

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.078Control Test 22:01

0.000Air Blank 22:02

# 1 0.289Subject Sample 22:02

1.550Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.284Subject Sample 22:06

1.882Breath Volume 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/19/2017 17:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:3505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:27

Broward County SO

WASHINGTON,YVETTE

01/14/2018

1789170

Broward County SO

GRAY,SANDRA,

COLLINS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.078Control Test 21:17

0.000Air Blank 21:17

# 1 0.221Subject Sample 21:19

1.960Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.245Subject Sample 21:23

2.570Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 3 0.226Subject Sample 21:26

1.496Breath Volume 21:26

0.000Air Blank 21:26

0.078Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3305/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:17

Broward County SO

SAPP,JOSHUA

01/14/2018

1789170

Broward County SO

GRAY,SANDRA,

SEQUEIRA

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.258Subject Sample 01:00

2.285Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.240Subject Sample 01:03

1.332Breath Volume 01:03

0.000Air Blank 01:03

0.078Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4505/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:45

Broward County SO

WASHINGTON,YVETTE

01/14/2018

1789170

Broward County SO

GRAY,SANDRA,

BENEDICT

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:50

# 1 0.291Subject Sample 22:51

2.132Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.280Subject Sample 22:54

1.843Breath Volume 22:54

0.000Air Blank 22:54

0.078Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4405/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:30

Broward County SO

MORENCY,KENNETH

01/14/2018

1789170

Broward County SO

TILLMAN,SHEILA,L

RAMSEY

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1 0.101Subject Sample 00:38

1.515Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.099Subject Sample 00:41

1.628Breath Volume 00:41

0.000Air Blank 00:41

0.078Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1305/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:18

Broward County SO

PLACENCIA,ERNESTO

01/14/2018

1789170

OTHER State

FRAZIER,ANAYA,S

MERCADER

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1 0.291Subject Sample 01:40

1.960Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.295Subject Sample 01:43

2.226Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1305/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:44

Broward County SO

SAPP,JOSHUA

01/14/2018

1789170

Broward County SO

GRAY,SANDRA,

CONYERS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

# 1 0.204Subject Sample 23:28

1.703Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.200Subject Sample 23:31

1.812Breath Volume 23:31

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:0905/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:11

Broward County SO

POPICK,SCOTT

01/14/2018

1789170

Broward County SO

TILLMAN,SHEILA,L

HEMPEL

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.204Subject Sample 01:09

1.449Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.205Subject Sample 01:12

2.148Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5405/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:16

Broward County SO

SERPHOS,STEVEN

01/14/2018

1789170

Broward County SO

TILLMAN,SHEILA,L

YOUNG

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1 0.045Subject Sample 01:13

1.277Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.040Subject Sample 01:17

1.542Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:2005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:48

Broward County SO

LUNA,KRISTINE

01/14/2018

1789170

Miramar PD

HARNANDAN,LYNDON,G

STUART

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

# 1 0.088Subject Sample 05:44

1.273Breath Volume 05:44

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.087Subject Sample 05:47

1.324Breath Volume 05:47

0.000Air Blank 05:48

0.078Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:1405/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:14

Broward County SO

DALTON,RYAN

01/14/2018

1789170

OTHER State

GRAY,SANDRA,

MCMULLEN

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:54

# 1Subject Sample 05:57 No Sample Provided

0.000Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.138Subject Sample 06:01

1.464Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 3 0.134Subject Sample 06:05

1.730Breath Volume 06:05

0.000Air Blank 06:06

0.078Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:1305/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:45

Broward County SO

YEARWOOD,VANINA

01/14/2018

1789170

Miramar PD

HARNANDAN,INDROWTIE,

ARENAS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.078Control Test 07:51

0.000Air Blank 07:52

# 1 0.123Subject Sample 07:52

1.507Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.117Subject Sample 07:55

1.964Breath Volume 07:55

0.000Air Blank 07:56

0.079Control Test 07:56

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1105/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:00

Broward County SO

NAVARRO,CASIMIRO

01/14/2018

1789170

Broward County SO

MEDINA,MARMILLY,

ORISMA

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.141Subject Sample 03:52

1.355Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.138Subject Sample 03:55

2.363Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1005/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:39

Broward County SO

DALTON,RYAN

01/14/2018

1789170

OTHER State

GRAY,SANDRA,

SCHULZ

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.106Subject Sample 02:33

1.429Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.102Subject Sample 02:36

1.343Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5205/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:14

Broward County SO

DALTON,RYAN

01/05/2018

34015080A3

OTHER State

FRAZIER,ANAYA,S

CARDENAS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

# 1 0.220Subject Sample 00:55

3.960Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.219Subject Sample 00:58

3.023Breath Volume 00:58

0.000Air Blank 00:58

0.078Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:38

Broward County SO

WILLIAMS,SEAN

01/14/2018

1789170

Broward County SO

GRAY,SANDRA,

TENEUS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.107Subject Sample 03:30 Volume Not Met

0.390Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.111Subject Sample 03:34

1.773Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 3 0.124Subject Sample 03:37

1.714Breath Volume 03:37

0.000Air Blank 03:37

0.078Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3205/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:02

Broward County SO

TAVARES,LUCAS

01/14/2018

1789170

OTHER State

TILLMAN,SHEILA,L

LOPEZ PATISHTAN

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:10

# 1 0.147Subject Sample 04:10

3.472Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.149Subject Sample 04:14

2.378Breath Volume 04:14

0.000Air Blank 04:14

0.078Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:3405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:08

Broward County SO

PRESUME,JEHUD

01/14/2018

1789170

Miramar PD

TILLMAN,SHEILA,L

SALICHS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1Subject Sample 05:26 No Sample Provided

0.000Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.173Subject Sample 05:32 Volume Not Met

0.113Breath Volume 05:32

0.000Air Blank 05:32

0.080Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:5905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:08

Broward County SO

PRESUME,JEHUD

01/14/2018

1789170

Miramar PD

TILLMAN,SHEILA,L

SALICHS

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.079Control Test 05:38

0.000Air Blank 05:39

# 1 0.152Subject Sample 05:42 Volume Not Met

0.406Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:44

# 2 0.173Subject Sample 05:46

1.210Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 3 0.177Subject Sample 05:51

1.375Breath Volume 05:51

0.000Air Blank 05:52

0.079Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:5205/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:28

Broward County SO

DALTON,RYAN

01/14/2018

1789170

OTHER State

GRAY,SANDRA,

RAMIREZMEDINA

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:03

0.000Air Blank 06:04

0.078Control Test 06:04

0.000Air Blank 06:04

# 1 0.194Subject Sample 06:05

3.125Breath Volume 06:05

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.192Subject Sample 06:08

3.011Breath Volume 06:08

0.000Air Blank 06:08

0.078Control Test 06:09

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001047CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:4805/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:04

07:17

Broward County SO

LEDESMA,OLIVER

01/14/2018

1789170

Pembroke Pines PD

TILLMAN,SHEILA,L

GIL LAGO

05/08/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:24

0.000Air Blank 08:25

0.078Control Test 08:25

0.000Air Blank 08:26

# 1 0.113Subject Sample 08:27

1.707Breath Volume 08:27

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.120Subject Sample 08:31

1.519Breath Volume 08:31

0.000Air Blank 08:31

0.077Control Test 08:32

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 06/19/2017 17:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:39

FHP Troop C

ALVARADO,ANGEL

10/05/2017

24515080A1

FHP Troop C

ALVARADO,ANGEL,L

DIEHL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 05/18/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:39

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A1

FHP Troop C

BLYTH,JACOB,A

WATSON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

# 1 0.206Subject Sample 21:35

2.601Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.202Subject Sample 21:38

2.050Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 05/18/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4905/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

02:44

FHP Troop C

ALVARADO,ANGEL

10/05/2017

24515080A1

FHP Troop C

ALVARADO,ANGEL,L

MORRISON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.073Subject Sample 04:16

1.320Breath Volume 04:16

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.070Subject Sample 04:19

1.371Breath Volume 04:19

0.000Air Blank 04:19

0.081Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 05/18/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001049CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:4905/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:07

FHP Troop C

BROWN,JASON

10/05/2017

24515080A1

FHP Troop C

BROWN,JASON,G

MATHER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.242Subject Sample 02:50

1.425Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.253Subject Sample 02:53

2.613Breath Volume 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 06/13/2017 04:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4705/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:30

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

CHIMERA

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.000Subject Sample 02:11

3.171Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.000Subject Sample 02:14

2.390Breath Volume 02:14

0.000Air Blank 02:14

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1305/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:52

Coral Springs PD

WETHERINGTON,STEPHEN

11/05/2017

28515080A2

Coral Springs PD

WETHERINGTON,STEPHEN,L

CARNEVALE

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.026Subject Sample 01:39

2.949Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.024Subject Sample 01:42

3.015Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:53

Coral Springs PD

KABAN,SEAN

11/05/2017

28515080A2

Coral Springs PD

BYRNE,GRETCHEN,

FERNANDEZ ROSALES

04/24/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.080Control Test 01:03

0.000Air Blank 01:03

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:1905/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:06

St. Petersburg PD

SISTI,JORDAN

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

GAUTHIER

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

# 1 0.145Subject Sample 03:35

2.734Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.145Subject Sample 03:38

2.933Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3005/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:19

St. Petersburg PD

WELLS,BRANDON

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

FERREYRA

04/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.079Control Test 00:01

0.000Air Blank 00:01

# 1 0.140Subject Sample 00:02

2.894Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.125Subject Sample 00:05

4.457Breath Volume 00:05

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/03/2017 19:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:5405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:55

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

GRENIER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:29

0.080Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 06/01/2017 19:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:4405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:37

15:13

St. Petersburg PD

LAMOUR,ZACHARY

11/05/2018

26316080A2

St. Petersburg PD

KRONZ,BRIAN,M

POPE

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:57

0.000Air Blank 15:57

0.080Control Test 15:58

0.000Air Blank 15:58

# 1Subject Sample 15:59 Subject Test Refused

0.000Breath Volume 15:59

0.000Air Blank 15:59

0.079Control Test 16:00

0.000Air Blank 16:00

OKDiagnostics Check 16:00

Data Download Date/Time: 06/01/2017 19:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:44

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

KUC

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 06/01/2017 19:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2705/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:16

St. Petersburg PD

RAMBARAN,N

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

ABELMAN

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

# 1 0.245Subject Sample 02:03

3.042Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.247Subject Sample 02:06

3.492Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4805/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:50

St. Petersburg PD

ZOLLOTA,NIKKI

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

ANTHONY

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

# 1 0.000Subject Sample 22:48

1.921Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.000Subject Sample 22:51

2.332Breath Volume 22:51

0.000Air Blank 22:51

0.079Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3605/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:11

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

CRAIG

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0005/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:23

St. Petersburg PD

YANCEY,JAKE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

NELSON

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3405/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:12

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BERTHELOT

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.111Subject Sample 01:28

1.398Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.114Subject Sample 01:31

1.875Breath Volume 01:31

0.000Air Blank 01:32

0.078Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:1305/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:11

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

ANDERSON

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:55

0.078Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1805/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:45

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

MAHON

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

Air Blank 02:37 RFI Detect

0.000Air Blank 02:38

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2205/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:45

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

MAHON

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:0505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:00

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BAKER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.079Control Test 03:43

0.000Air Blank 03:43

# 1 0.218Subject Sample 03:46

1.871Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:48

# 2 0.220Subject Sample 03:49

2.359Breath Volume 03:49

0.000Air Blank 03:50

0.077Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:0605/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:35

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

BRAKE

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:09

# 1 0.162Subject Sample 00:11

1.847Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.136Subject Sample 00:15

2.320Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 3 0.148Subject Sample 00:20

2.347Breath Volume 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5605/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:36

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

MAS COLL

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.166Subject Sample 02:25

1.839Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.170Subject Sample 02:29

2.015Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:3005/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:05

St. Petersburg PD

KRONZ,BRIAN

11/05/2018

26316080A2

St. Petersburg PD

KRONZ,BRIAN,M

OMALLEY

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.149Subject Sample 22:15 Volume Not Met

0.734Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:17

# 2 0.129Subject Sample 22:20 Volume Not Met

0.781Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21 RFI Detect

0.000Air Blank 22:22

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:3105/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:05

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

DHIRAJ

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.079Control Test 05:49

0.000Air Blank 05:50

# 1 0.195Subject Sample 05:51

2.945Breath Volume 05:51

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.192Subject Sample 05:54

2.515Breath Volume 05:54

0.000Air Blank 05:54

0.078Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:0405/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:45

St. Petersburg PD

SAIA,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

CARTER,MATTHEW,R

DIXON

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

# 1 0.000Subject Sample 05:37

2.203Breath Volume 05:37

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.000Subject Sample 05:40

2.441Breath Volume 05:40

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:42

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4005/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:40

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

DEMASKE

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:15

0.000Air Blank 03:15

# 1 0.120Subject Sample 03:16

2.984Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.121Subject Sample 03:19

2.976Breath Volume 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:3305/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:16

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

NIEVES

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.079Control Test 19:59

0.000Air Blank 20:00

# 1Subject Sample 20:01 RFI Detect

0.000Breath Volume 20:01

0.000Air Blank 20:01

0.078Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:1005/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:16

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

NIEVES

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.079Control Test 20:06

0.000Air Blank 20:06

# 1Subject Sample 20:07 Subject Test Refused

0.000Breath Volume 20:07

0.000Air Blank 20:08

0.079Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1005/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:57

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

MARION

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.293Subject Sample 02:32

1.164Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.284Subject Sample 02:35

1.136Breath Volume 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3205/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:17

St. Petersburg PD

CELESTIN,REGINE

11/05/2018

26316080A2

St. Petersburg PD

KRONZ,BRIAN,M

JACKSON-BAILEY

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.079Control Test 19:59

0.000Air Blank 19:59

# 1 0.058Subject Sample 20:02 Volume Not Met

0.386Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2Subject Sample 20:06 Sequence Aborted

0.062Breath Volume 20:06

0.000Air Blank 20:07

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:0905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:46

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

MCCARTHY

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.076Control Test 21:00

0.000Air Blank 21:00

# 1 0.182Subject Sample 21:02

1.398Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.171Subject Sample 21:06

1.308Breath Volume 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2305/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:22

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

HUAL

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.079Control Test 01:18

0.000Air Blank 01:18

# 1 0.111Subject Sample 01:20

1.589Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.114Subject Sample 01:23

3.046Breath Volume 01:23

0.000Air Blank 01:24

0.079Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5705/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:55

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

HORSTMAN

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.000Subject Sample 03:38

2.972Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.000Subject Sample 03:41

2.257Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/01/2017 19:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0405/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:49

Nassau County SO

KNIGHT,B

09/05/2017

22315080A3

Nassau County SO

GILL,T,V

TAYLOR

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

# 1 0.067Subject Sample 01:12

4.195Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.064Subject Sample 01:15

2.917Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:2805/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:20

FHP Troop G

FARLEY,JOSEPH

09/05/2017

22315080A3

FHP Troop G

FARLEY,JOSEPH,E

HAIR

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1 0.178Subject Sample 23:07

2.558Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.176Subject Sample 23:11

3.007Breath Volume 23:11

0.000Air Blank 23:11

0.078Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5005/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:14

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

ALBERTIE

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

# 1 0.136Subject Sample 23:29

1.843Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.132Subject Sample 23:32

1.214Breath Volume 23:32

0.000Air Blank 23:32

0.079Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:39

FHP Troop G

FARLEY,JOSEPH

09/05/2017

22315080A3

FHP Troop G

FARLEY,JOSEPH,E

JAMISON

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.197Subject Sample 01:18

2.816Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.207Subject Sample 01:22

2.910Breath Volume 01:22

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:1605/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:21

Nassau County SO

THOLL,K

09/05/2017

22315080A3

Nassau County SO

MCNEIL,K,P

WARD

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:11

# 1 0.000Subject Sample 21:11

3.074Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.000Subject Sample 21:14

2.312Breath Volume 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:2805/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:26

Nassau County SO

GOETHE,R

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

SELLERS

04/21/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.079Control Test 20:00

0.000Air Blank 20:00

# 1 0.153Subject Sample 20:01

3.261Breath Volume 20:01

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.151Subject Sample 20:04

3.632Breath Volume 20:04

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 05/24/2017 07:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:1805/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:02

15:37

Nassau County SO

PALLACHEK,D

09/05/2017

22315080A3

Nassau County SO

WOOLARD,R,C

MITCHELL

05/24/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:32

0.080Control Test 16:32

0.000Air Blank 16:33

# 1 0.136Subject Sample 16:36 Volume Not Met

0.214Breath Volume 16:36

0.000Air Blank 16:36

0.000Air Blank 16:38

# 2Subject Sample 16:41 No Sample Provided

0.000Breath Volume 16:41

0.000Air Blank 16:42

0.080Control Test 16:42

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 06/26/2017 08:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:0105/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:34

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

COMPTON

05/24/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

# 1 0.070Subject Sample 01:46

1.691Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.068Subject Sample 01:49

2.613Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:51

Data Download Date/Time: 06/26/2017 08:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:46

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

VILLA

05/24/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

# 1 0.174Subject Sample 01:59

1.578Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.178Subject Sample 02:02

1.320Breath Volume 02:02

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 06/26/2017 08:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0505/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:30

Nassau County SO

CONE,A

09/05/2017

22315080A3

Nassau County SO

THIRSK,KEVIN,M

POPHAM

05/24/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

# 1 0.152Subject Sample 20:40

3.843Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.161Subject Sample 20:43

4.765Breath Volume 20:43

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 06/26/2017 08:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:4805/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:43

Nassau County SO

DELACRUZ,M

09/05/2017

22315080A3

Nassau County SO

THORNTON,N,E

AUSTIN

05/24/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:52

# 1Subject Sample 19:52 Subject Test Refused

0.000Breath Volume 19:52

0.000Air Blank 19:52

0.079Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 06/26/2017 08:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:17:0705/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

07:22

Highlands County SO

MCCLELLAN,LARRY

10/05/2017

24515080A3

FHP Troop F

MARLOW,ROYCE,B

BURLESON

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:05

0.000Air Blank 09:06

0.078Control Test 09:06

0.000Air Blank 09:07

# 1Subject Sample 09:10 No Sample Provided

0.000Breath Volume 09:10

0.000Air Blank 09:10

0.000Air Blank 09:12

# 2Subject Sample 09:15 No Sample Provided

0.000Breath Volume 09:15

0.000Air Blank 09:16

0.079Control Test 09:16

0.000Air Blank 09:17

OKDiagnostics Check 09:17

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5205/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:43

Highlands County SO

SMITH,RYAN

10/05/2017

24515080A3

FFWCC (Lakeland)

KEEFE,JAYME,W

JIMENEZ

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

# 1 0.086Subject Sample 23:38

2.035Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:40

# 2 0.084Subject Sample 23:41

1.460Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:39

Highlands County SO

GARRISON,J

10/05/2017

24515080A3

Highlands County SO

SMITH,SUSAN,L

PAUL

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:5905/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:13

Highlands County SO

PEARDON,MATTHEW

10/05/2017

24515080A3

Highlands County SO

PECK,JOHN,R

MCKEE

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.079Control Test 20:55

0.000Air Blank 20:55

# 1 0.168Subject Sample 20:56

1.746Breath Volume 20:56

0.000Air Blank 20:57

0.000Air Blank 20:58

# 2 0.153Subject Sample 20:59

1.527Breath Volume 20:59

0.000Air Blank 21:00

0.079Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 05/28/2017 08:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:34:2105/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

09:04

09:04

Highlands County SO

HOLMES,K

10/05/2017

24515080A3

Highlands County SO

HOLMES,K,L

SILVA

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:28

0.000Air Blank 09:28

0.080Control Test 09:28

0.000Air Blank 09:29

# 1 0.000Subject Sample 09:30

3.292Breath Volume 09:30

0.000Air Blank 09:30

0.000Air Blank 09:32

# 2 0.000Subject Sample 09:32

2.605Breath Volume 09:32

0.000Air Blank 09:33

0.079Control Test 09:33

0.000Air Blank 09:34

OKDiagnostics Check 09:34

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0905/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:33

Highlands County SO

COOPER,MITCH

10/05/2017

24515080A3

Lake Placid PD

MARLOW,ROYCE,B

GASPARD

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

# 1 0.157Subject Sample 22:58

1.437Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.146Subject Sample 23:03

1.945Breath Volume 23:03

0.000Air Blank 23:04

0.082Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:2105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:45

19:00

Highlands County SO

INFANTE,DOMINIQUE

10/05/2017

24515080A3

FFWCC (Lakeland)

AYALA,MAILYN,R

CLEMENT

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:20

0.079Control Test 20:21

0.000Air Blank 20:21

# 1Subject Sample 20:23 Subject Test Refused

0.000Breath Volume 20:23

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0405/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:37

Highlands County SO

DOUBERLEY,CHAD

10/05/2017

24515080A3

Highlands County SO

FERRANTE,TRACY,L

HERBERGER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:48

0.000Air Blank 22:48

# 1 0.221Subject Sample 22:49

1.902Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.212Subject Sample 22:52

1.238Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:54

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:5405/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

11:35

11:35

Highlands County SO

HOLMES,K

10/05/2017

24515080A3

Highlands County SO

HOLMES,K,L

HECKLER

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:59

0.000Air Blank 11:59

0.080Control Test 11:59

0.000Air Blank 12:00

# 1 0.000Subject Sample 12:00

1.890Breath Volume 12:00

0.000Air Blank 12:01

0.000Air Blank 12:03

# 2 0.000Subject Sample 12:03

1.644Breath Volume 12:03

0.000Air Blank 12:04

0.078Control Test 12:04

0.000Air Blank 12:04

OKDiagnostics Check 12:04

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:2305/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:02

12:40

Highlands County SO

NEW,STEVEN

10/05/2017

24515080A3

Highlands County SO

BROWN,NAKEEM,T

MONAHAN

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:23

0.000Air Blank 14:23

0.079Control Test 14:23

0.000Air Blank 14:24

# 1 0.187Subject Sample 14:24

2.542Breath Volume 14:24

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2 0.188Subject Sample 14:27

2.710Breath Volume 14:27

0.000Air Blank 14:28

0.079Control Test 14:28

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:31

Highlands County SO

HINKLE,B

10/05/2017

24515080A3

Highlands County SO

ROBLES,J,V

MORALES

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

# 1 0.177Subject Sample 02:09

1.847Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:11

# 2 0.191Subject Sample 02:13

2.375Breath Volume 02:13

0.000Air Blank 02:14

0.082Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0705/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:30

Highlands County SO

DICK,R

10/05/2017

24515080A3

Highlands County SO

ROBLES,J,V

VAZQUEZ COLON

04/23/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1 0.156Subject Sample 03:17

1.453Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.165Subject Sample 03:22

1.617Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 05/28/2017 08:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:3105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:15

Highlands County SO

INFANTE,D

10/05/2017

24515080A3

FFWCC (Lakeland)

ROBLES,J,V

HALE

05/28/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

# 1 0.144Subject Sample 20:50

3.281Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.139Subject Sample 20:54

3.031Breath Volume 20:54

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 06/18/2017 14:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:2205/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:19

Highlands County SO

GARRISON,J

10/05/2017

24515080A3

Highlands County SO

ROBLES,J,

ELSBERRY

05/28/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:06

# 1Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 06/18/2017 14:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3605/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:50

Lakeland PD

SUTTLE,CORY

09/05/2017

22315080A2

Lakeland PD

SUTTLE,CORY,A

ZHENG

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.132Subject Sample 03:12

3.363Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.136Subject Sample 03:15

2.886Breath Volume 03:15

0.000Air Blank 03:15

0.078Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:0205/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:04

Lakeland PD

KELLNER,MICHAEL

09/05/2017

22315080A2

Lakeland PD

KELLNER,MICHAEL,A

HINNENKAMP

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.078Control Test 04:28

0.000Air Blank 04:28

# 1 0.223Subject Sample 04:29

2.054Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.219Subject Sample 04:32

1.777Breath Volume 04:32

0.000Air Blank 04:33

0.076Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:34

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:2605/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

16:27

Lakeland PD

CORTES,CARLOS

09/05/2017

22315080A2

Lakeland PD

CORTES,CARLOS,

TOWLES

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.078Control Test 16:49

0.000Air Blank 16:50

# 1 0.211Subject Sample 16:50

1.699Breath Volume 16:50

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.220Subject Sample 16:53

1.488Breath Volume 16:53

0.000Air Blank 16:54

0.077Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5105/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

19:10

Lakeland PD

GUPTILL,DAVID

09/05/2017

22315080A2

Lakeland PD

GUPTILL,DAVID,L

DE MALIGNON

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.078Control Test 19:50

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:51

3.152Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.000Subject Sample 19:54

3.644Breath Volume 19:54

0.000Air Blank 19:54

0.078Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:45

Lakeland PD

QUACKENBUSH,BRET

09/05/2017

22315080A2

Lakeland PD

QUACKENBUSH,BRET,C

BOURCY

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.078Control Test 03:52

0.000Air Blank 03:52

# 1 0.000Subject Sample 03:53

2.703Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.000Subject Sample 03:56

2.957Breath Volume 03:56

0.000Air Blank 03:56

0.078Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:48

Lakeland PD

KELLNER,MICHAEL

09/05/2017

22315080A2

Lakeland PD

KELLNER,MICHAEL,A

RIVERA

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

# 1 0.098Subject Sample 01:41

1.675Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.105Subject Sample 01:44

1.308Breath Volume 01:44

0.000Air Blank 01:44

0.078Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4605/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:06

Lakeland PD

KELLNER,MICHAEL

09/05/2017

22315080A2

Lakeland PD

KELLNER,MICHAEL,A

BROWN

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.077Control Test 04:12

0.000Air Blank 04:12

# 1 0.109Subject Sample 04:15

1.675Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.106Subject Sample 04:19

1.234Breath Volume 04:19

0.000Air Blank 04:19

0.077Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3405/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:31

Lakeland PD

QUACKENBUSH,BRET

09/05/2017

22315080A2

Lakeland PD

QUACKENBUSH,BRET,C

ALVAREZ

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

# 1 0.171Subject Sample 03:13

1.113Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.179Subject Sample 03:17

1.851Breath Volume 03:17

0.000Air Blank 03:17

0.077Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3705/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:47

Lakeland PD

KELLNER,MICHAEL

09/05/2017

22315080A2

Lakeland PD

KELLNER,MICHAEL,A

BROWN

04/17/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

# 1Subject Sample 04:36 No Sample Provided

0.000Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2Subject Sample 04:42 No Sample Provided

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.078Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 05/17/2017 08:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3205/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:46

Fernandina Beach PD

GOTHARD,RONALD

05/05/2019

06717080A7

Fernandina Beach PD

MAZURYK,MICHAEL,S

BURROWS

05/24/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.078Control Test 21:29

0.000Air Blank 21:29

# 1Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 06/21/2017 16:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001059CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:0305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:22

Fernandina Beach PD

MULKEARNS,MICHAEL

05/05/2019

06717080A7

Fernandina Beach PD

MULKEARNS,MICHAEL,S

BUSH

05/24/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.183Subject Sample 22:58

1.460Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.180Subject Sample 23:01

1.304Breath Volume 23:01

0.000Air Blank 23:02

0.081Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:03

Data Download Date/Time: 06/21/2017 16:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3105/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:07

Winter Haven PD

ORPHEE,MICHAEL

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

GAUTNEY

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.082Control Test 03:45

0.000Air Blank 03:45

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.082Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:4605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:59

Winter Haven PD

ORPHEE,MICHAEL

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

ERICKSON

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.082Control Test 04:42

0.000Air Blank 04:43

# 1 0.140Subject Sample 04:46 Volume Not Met

1.054Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:48

# 2 0.133Subject Sample 04:51 Volume Not Met

0.507Breath Volume 04:51

0.000Air Blank 04:52

0.081Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:0305/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:59

Winter Haven PD

ORPHEE,MICHAEL

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

ERICKSON

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.137Subject Sample 04:59

1.585Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.133Subject Sample 05:05 Volume Not Met

0.457Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 3 0.125Subject Sample 05:11 Volume Not Met

0.488Breath Volume 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:13

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:0305/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:34

Winter Haven PD

LEWIS,RYAN

06/05/2018

12716080A7

Winter Haven PD

NGUYEN,JOHN,

LOZANO

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.082Control Test 00:11

0.000Air Blank 00:12

# 1 0.131Subject Sample 00:13

1.964Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.123Subject Sample 00:16

1.296Breath Volume 00:16

0.000Air Blank 00:17

0.082Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:18

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:08:5105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:44

12:39

Winter Haven PD

AYALA,FERNANDO

06/05/2018

12716080A7

Winter Haven PD

HEBSON,BRET,E

BROWN

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:04

0.000Air Blank 13:05

0.081Control Test 13:05

0.000Air Blank 13:06

# 1 0.130Subject Sample 13:07

2.511Breath Volume 13:07

Air Blank 13:08 Purge Fail

Air Blank 13:08 Purge Fail

Data Download Date/Time: 05/15/2017 09:35

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:21:1405/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:44

12:39

Winter Haven PD

AYALA,FERNANDO

06/05/2018

12716080A7

Winter Haven PD

HEBSON,BRET,E

BROWN

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:13

0.000Air Blank 13:13

0.082Control Test 13:14

0.000Air Blank 13:14

# 1 0.128Subject Sample 13:15

1.777Breath Volume 13:15

0.000Air Blank 13:16

0.000Air Blank 13:18

# 2 0.130Subject Sample 13:19

2.019Breath Volume 13:19

0.000Air Blank 13:20

0.084Control Test 13:20

0.000Air Blank 13:21

OKDiagnostics Check 13:21

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0505/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:10

Winter Haven PD

BOONE,BRANDON

06/05/2018

12716080A7

Winter Haven PD

BONSALL,ROBERT,E

ZUNIGA-PINTOR

04/10/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.082Control Test 02:46

0.000Air Blank 02:46

# 1 0.243Subject Sample 02:47

3.273Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 2 0.228Subject Sample 02:50

3.148Breath Volume 02:50

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 05/15/2017 09:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:3805/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

15:18

Gulfport PD

MARSHALL,RAYMOND

09/05/2017

22315080A3

Gulfport PD

PRIEST,CHRISTOPHER,J

RUSNIAK

04/16/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:04

0.000Air Blank 16:04

0.079Control Test 16:04

0.000Air Blank 16:05

# 1 0.287Subject Sample 16:06

3.332Breath Volume 16:06

0.000Air Blank 16:06

0.000Air Blank 16:08

# 2 0.289Subject Sample 16:09

2.812Breath Volume 16:09

0.000Air Blank 16:09

0.079Control Test 16:10

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 06/05/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:12

Gulfport PD

NIEVES,ARION

09/05/2017

22315080A3

Gulfport PD

MILLS,ZACHARY,B

WRIGHT

04/16/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/05/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:4005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

22:21

Gulfport PD

MILLS,ZACHARY

09/05/2017

22315080A3

Gulfport PD

MILLS,ZACHARY,B

SPAETH

04/16/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:25 Subject Test Refused

0.000Breath Volume 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 06/05/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:2705/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:54

Gulfport PD

CARTER,TIMOTHY

09/05/2017

22315080A3

Gulfport PD

CARTER,TIMOTHY,R

RUSNIAK

04/16/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:35

# 1 0.178Subject Sample 21:36

4.226Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.175Subject Sample 21:39

3.093Breath Volume 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 06/05/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:3605/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:01

Treasure Island PD

DIAZ,HECTOR

06/05/2018

12716080A6

Treasure Island PD

DIAZ,HECTOR,

WELLS

05/18/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 06/19/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:4305/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:51

14:30

Hollywood PD

WILLIAMS,COREY

10/30/2018

163437

Hollywood PD

GARCIA,MELANIE,A

BATTISTA

04/29/2017

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:17

0.000Air Blank 15:18

0.078Control Test 15:18

0.000Air Blank 15:19

# 1Subject Sample 15:19 Subject Test Refused

0.000Breath Volume 15:19

0.000Air Blank 15:19

0.078Control Test 15:20

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 05/30/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:0505/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:37

Tarpon Springs PD

BRINKER,CHRISTINE

03/05/2019

03417080A3

Tarpon Springs PD

SPATZ,JOHN,M

LOCKLEAR

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.082Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 06/01/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5605/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:00

Tarpon Springs PD

ROSE,BRITTNEY

03/05/2019

03417080A3

Tarpon Springs PD

ROQUE,MICHAEL,A

^LEVENTIS ELSAHYOUNI

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:54

0.000Air Blank 04:55

# 1 0.178Subject Sample 04:56

1.179Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.176Subject Sample 04:59

1.273Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 06/01/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:3905/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:36

Tarpon Springs PD

GELLATLY,ROBERT

03/05/2019

03417080A3

Tarpon Springs PD

GELLATLY,ROBERT,A

STANCZYK

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

# 1 0.109Subject Sample 04:48

3.050Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.109Subject Sample 04:51

2.617Breath Volume 04:51

0.000Air Blank 04:51

0.081Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 06/01/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3705/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:39

Tarpon Springs PD

SAPINO,MARK

03/05/2019

03417080A3

Tarpon Springs PD

LEMMON,CHRISTOPHER,F

SPEARS

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.190Subject Sample 03:26

1.222Breath Volume 03:26

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.201Subject Sample 03:29

1.593Breath Volume 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 06/01/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:4105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:26

18:44

Tarpon Springs PD

FREEMON,WILLIAM

03/05/2019

03417080A3

FFWCC (Lakeland)

LEMMON,CHRISTOPHER,F

STAMAS

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.080Control Test 21:08

0.000Air Blank 21:08

# 1 0.106Subject Sample 21:09

1.914Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.092Subject Sample 21:12

1.652Breath Volume 21:12

0.000Air Blank 21:12

0.079Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 06/01/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3105/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:14

18:44

Tarpon Springs PD

FREEMON,WILLIAM

03/05/2019

03417080A3

FFWCC (Lakeland)

LEMMON,CHRISTOPHER,F

STAMAS

05/04/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:35

# 1 0.106Subject Sample 21:36

1.832Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.089Subject Sample 21:39

2.429Breath Volume 21:39

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 06/01/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0905/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

19:51

FHP Troop C

DONOHUE,LAWRENCE

10/24/2018

AG629802

FHP Troop C

DONOHUE,LAWRENCE,E

VELEZ

05/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.081Control Test 21:23

0.000Air Blank 21:24

# 1 0.139Subject Sample 21:24

2.109Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.142Subject Sample 21:27

2.523Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 06/28/2017 20:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4505/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:53

17:56

Broward County SO

FLINK,ANDREW

01/05/2018

34015080A3

Miramar PD

FRAZIER,ANAYA,S

VELAZQUEZ

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:23

0.000Air Blank 19:23

0.077Control Test 19:23

0.000Air Blank 19:24

# 1 0.202Subject Sample 19:25

1.527Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.199Subject Sample 19:29

1.207Breath Volume 19:29

0.000Air Blank 19:29

0.077Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5605/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:44

Broward County SO

VALENZUELA,CHERILYN

01/05/2018

34015080A3

Fort Lauderdale PD

MEDINA,MARMILLY,

DRISCOLL

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.077Control Test 22:01

0.000Air Blank 22:01

# 1 0.000Subject Sample 22:02

2.472Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.000Subject Sample 22:05

2.238Breath Volume 22:05

0.000Air Blank 22:06

0.077Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2005/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:06

Broward County SO

PALANT,JASON

01/05/2018

34015080A3

Pembroke Pines PD

FRAZIER,ANAYA,S

DUVESTE

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.077Control Test 01:27

0.000Air Blank 01:27

# 1 0.189Subject Sample 01:27

1.917Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.186Subject Sample 01:30

1.703Breath Volume 01:30

0.000Air Blank 01:31

0.077Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:1205/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

07:58

Broward County SO

DALTON,RYAN

01/05/2018

34015080A3

OTHER State

HARNANDAN,INDROWTIE,

BIEN AIME

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:50

0.077Control Test 08:50

0.000Air Blank 08:51

# 1 0.168Subject Sample 08:51

2.683Breath Volume 08:51

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.172Subject Sample 08:54

1.691Breath Volume 08:54

0.000Air Blank 08:55

0.077Control Test 08:55

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2205/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:34

Broward County SO

SERPHOS,STEVE

01/05/2018

34015080A3

Broward County SO

GRAY,SANDRA,

BALMACEDA

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:34

# 1 0.147Subject Sample 03:35

3.468Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.147Subject Sample 03:38

2.832Breath Volume 03:38

0.000Air Blank 03:39

0.077Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:1705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:27

Broward County SO

CAROTTI,MOISES

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

CASTELLON MARZAN

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.077Control Test 02:13

0.000Air Blank 02:13

# 1 0.256Subject Sample 02:14

1.171Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.262Subject Sample 02:17

1.730Breath Volume 02:17

0.000Air Blank 02:18

0.077Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:0205/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

05:00

Broward County SO

WASHINGTON,YVETTE

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

AMAYA

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:39

0.078Control Test 05:39

0.000Air Blank 05:40

# 1 0.174Subject Sample 05:40

1.656Breath Volume 05:40

0.000Air Blank 05:41

0.000Air Blank 05:43

# 2 0.170Subject Sample 05:43

2.164Breath Volume 05:43

0.000Air Blank 05:44

0.078Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:45

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:2705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:36

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

VAUGHN

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.078Control Test 06:22

0.000Air Blank 06:22

# 1 0.132Subject Sample 06:23

2.789Breath Volume 06:23

0.000Air Blank 06:23

0.000Air Blank 06:25

# 2 0.130Subject Sample 06:25

2.644Breath Volume 06:25

0.000Air Blank 06:26

0.078Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:1605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:35

06:26

Broward County SO

REID,FRANCEEN

01/05/2018

34015080A3

Broward County SO

HARNANDAN,INDROWTIE,

MC FARLAND

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.077Control Test 06:56

0.000Air Blank 06:56

# 1 0.138Subject Sample 06:57

2.062Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 06:59

# 2 0.124Subject Sample 07:00

1.453Breath Volume 07:00

0.000Air Blank 07:01

0.077Control Test 07:01

0.000Air Blank 07:02

OKDiagnostics Check 07:02

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:2105/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:39

Broward County SO

BRUGMAN,PAUL

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

POSADA

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.078Control Test 20:48

0.000Air Blank 20:48

# 1 0.296Subject Sample 20:49

1.531Breath Volume 20:49

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.275Subject Sample 20:52

1.699Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 3 0.275Subject Sample 20:55

1.800Breath Volume 20:55

0.000Air Blank 20:56

0.076Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:1005/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:33

Broward County SO

JONNALUS,ENOCK

01/05/2018

34015080A3

Broward County SO

MEDINA,MARMILLY,

SMITH JR

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.078Control Test 05:19

0.000Air Blank 05:20

# 1 0.169Subject Sample 05:20

2.730Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:23

# 2 0.169Subject Sample 05:23

2.527Breath Volume 05:23

0.000Air Blank 05:24

0.077Control Test 05:24

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0805/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:17

Broward County SO

SAPP,JOSHUA

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

BALLESTEROS

04/10/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.077Control Test 05:28

0.000Air Blank 05:29

# 1 0.247Subject Sample 05:29

2.878Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.235Subject Sample 05:32

2.628Breath Volume 05:32

0.000Air Blank 05:33

0.077Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 05/22/2017 16:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:3505/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:51

Clearwater PD

GIBBS,RYAN

11/05/2018

26316080A2

Clearwater PD

YOUNG,JARROD,J

GORE

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

# 1 0.081Subject Sample 03:25

1.949Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.078Subject Sample 03:28

2.324Breath Volume 03:28

0.000Air Blank 03:29

0.075Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:08:0405/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

08:55

Clearwater PD

PHELPS,JAMES

11/05/2018

26316080A2

Clearwater PD

DEFAYETTE,CHRISTOPHER,R

ELLIOTT

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:01

0.000Air Blank 10:01

0.080Control Test 10:02

0.000Air Blank 10:02

# 1 0.331Subject Sample 10:03

4.992Breath Volume 10:03

0.000Air Blank 10:04

0.000Air Blank 10:05

# 2 0.327Subject Sample 10:06

4.136Breath Volume 10:06

0.000Air Blank 10:07

0.078Control Test 10:07

0.000Air Blank 10:07

OKDiagnostics Check 10:08

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:5405/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:19

Clearwater PD

EISENHARDT,ERIC

11/05/2018

26316080A2

Clearwater PD

EISENHARDT,ERIC,J

PARENT

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.081Control Test 19:21

0.000Air Blank 19:21

# 1Subject Sample 19:25 No Sample Provided

0.000Breath Volume 19:25

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2Subject Sample 19:29 Subject Test Refused

0.000Breath Volume 19:29

0.000Air Blank 19:29

0.080Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1005/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:41

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

LOLLIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1 0.278Subject Sample 02:40

2.644Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.248Subject Sample 02:45

1.617Breath Volume 02:45

Air Blank 02:46 Purge Fail

0.000Air Blank 02:47

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:41

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

TERRI

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.074Control Test 02:50 Control Outside Tolerance

0.000Air Blank 02:51

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5805/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:41

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

LOLLIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:54

# 1 0.261Subject Sample 02:55

1.984Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.280Subject Sample 02:59

1.675Breath Volume 02:59

0.000Air Blank 03:00

0.078Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:2205/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:01

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

SAWDERS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

# 1 0.165Subject Sample 20:28

2.000Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.158Subject Sample 20:31

2.410Breath Volume 20:31

0.000Air Blank 20:32

0.075Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1505/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DAVIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

# 1 0.210Subject Sample 22:09

2.062Breath Volume 22:09

Air Blank 22:10 Purge Fail

Air Blank 22:11 Purge Fail

Data Download Date/Time: 05/26/2017 15:24

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2405/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DAVIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.055Control Test 22:14 Control Outside Tolerance

0.000Air Blank 22:15

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5805/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DAVIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.064Control Test 22:17 Control Outside Tolerance

0.000Air Blank 22:17

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:4205/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DAVIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.067Control Test 22:20 Control Outside Tolerance

0.000Air Blank 22:20

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:0805/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

DAVIS

04/25/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:25

0.068Control Test 22:25 Control Outside Tolerance

0.000Air Blank 22:26

Data Download Date/Time: 05/26/2017 15:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1005/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

01:30

Jacksonville SO

WHITE,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

DAVIS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:10

# 1 0.170Subject Sample 03:11

3.289Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.185Subject Sample 03:14

2.570Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5605/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

00:52

Jacksonville SO

GREEN,J

08/05/2018

17316080A3

Atlantic Beach PD

PENNINGTON,EMILY,J

CEDER

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:47

# 1 0.149Subject Sample 02:48

2.027Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.146Subject Sample 02:51

2.175Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2805/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:45

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

PENNINGTON,EMILY,J

LANE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.073Subject Sample 03:58

3.050Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.070Subject Sample 04:01

3.167Breath Volume 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1505/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:15

Jacksonville SO

COHILL,D

08/05/2018

17316080A3

Jacksonville Beach

DINKINS,CHRISTOPHER,D

SCARLETT

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

# 1 0.158Subject Sample 05:18

2.460Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.155Subject Sample 05:21

1.183Breath Volume 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:1005/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

02:48

Jacksonville SO

CORDERIO,E

08/05/2018

17316080A3

FHP Troop G

HAND,JARRETT,D

RIVERA TORRES

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1 0.118Subject Sample 04:39

1.773Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.118Subject Sample 04:42

2.195Breath Volume 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:5605/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

22:50

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

HAND,JARRETT,D

ROOKS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4505/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:16

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

SMITH,KEVIN,W

JARED

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.083Subject Sample 01:37

3.617Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.078Subject Sample 01:40

3.445Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:10

Jacksonville SO

BROWN,T

08/05/2018

17316080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

RAMALES

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

# 1 0.161Subject Sample 03:42

1.992Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:3505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

02:49

Jacksonville SO

ASHMORE,R

08/05/2018

17316080A3

Neptune Beach PD

DINKINS,CHRISTOPHER,D

KUEHN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

# 1 0.195Subject Sample 05:31

3.625Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.189Subject Sample 05:33

3.566Breath Volume 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2105/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

00:29

Jacksonville SO

BAI,S

08/05/2018

17316080A3

Jacksonville SO

SMITH,KEVIN,W

WYCHE

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1 0.128Subject Sample 02:11

1.351Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:13

# 2 0.130Subject Sample 02:14

1.183Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4905/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

02:18

Jacksonville SO

FILBERT,E

08/05/2018

17316080A3

Jacksonville Beach

DINKINS,CHRISTOPHER,D

ABRAHAM

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

# 1 0.111Subject Sample 05:01

1.164Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:03

# 2 0.111Subject Sample 05:06

2.570Breath Volume 05:06

0.000Air Blank 05:06

0.079Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:40:4405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:13

14:00

Jacksonville SO

KINDER,R

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

HUSTED

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:34

0.000Air Blank 16:34

0.079Control Test 16:34

0.000Air Blank 16:35

# 1 0.127Subject Sample 16:36

2.769Breath Volume 16:36

0.000Air Blank 16:36

0.000Air Blank 16:38

# 2 0.119Subject Sample 16:39

1.269Breath Volume 16:39

0.000Air Blank 16:39

0.080Control Test 16:40

0.000Air Blank 16:40

OKDiagnostics Check 16:40

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:5405/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

17:30

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

HESS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:02

0.000Air Blank 19:02

# 1 0.145Subject Sample 19:03

2.160Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:05

# 2 0.142Subject Sample 19:06

2.480Breath Volume 19:06

0.000Air Blank 19:06

0.079Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3905/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:05

Jacksonville SO

TORRES,W

08/05/2018

17316080A3

Neptune Beach PD

SMITH,KEVIN,W

SIMIGRAN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:35

# 1 0.237Subject Sample 23:36

2.054Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.213Subject Sample 23:39

1.933Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 3 0.208Subject Sample 23:42

1.449Breath Volume 23:42

0.000Air Blank 23:42

0.078Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3705/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:10

Jacksonville SO

DZAMKO,J

08/05/2018

17316080A3

Neptune Beach PD

SMITH,KEVIN,W

VICK

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:52

# 1 0.313Subject Sample 00:53

1.417Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.289Subject Sample 00:56

1.843Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 3 0.299Subject Sample 00:59

1.113Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5805/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:45

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

SMITH,KEVIN,W

REYS CRUZ

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1 0.237Subject Sample 03:02

2.132Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.232Subject Sample 03:05

1.933Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5705/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:23

Jacksonville SO

EANES,J

08/05/2018

17316080A3

Jacksonville SO

PADGETT,C,N

STANLEY

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.000Subject Sample 21:51

2.355Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.000Subject Sample 21:54

2.628Breath Volume 21:54

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:00

Jacksonville SO

BUMGARNER,C

08/05/2018

17316080A3

Jacksonville SO

SMITH,KEVIN,W

SMITH

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:15

0.000Air Blank 02:15

# 1Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3505/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

19:46

Jacksonville SO

FILBERT,E

08/05/2018

17316080A3

Jacksonville Beach

PADGETT,C,N

WALTERS

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:30

# 1 0.226Subject Sample 22:31

2.300Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.225Subject Sample 22:34

2.054Breath Volume 22:34

0.000Air Blank 22:35

0.078Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5905/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:26

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

SMITH,KEVIN,W

FISSELL

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:2205/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:20

Jacksonville SO

GARCIA,R

08/05/2018

17316080A3

Jacksonville SO

SCOTT,J,A

CHAPMAN

04/27/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

# 1Subject Sample 01:33 Subject Test Refused

0.000Breath Volume 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 05/12/2017 10:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2305/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:30

Jacksonville SO

GARCIA,J

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

SCHOLL

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:1305/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:12

Jacksonville SO

FARLEY,J

08/05/2018

17316080A3

FHP Troop G

BERRY,SHANON,E

GUERRERO

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

# 1 0.048Subject Sample 04:38

1.218Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.044Subject Sample 04:42

1.144Breath Volume 04:42

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:3105/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

03:30

Jacksonville SO

BRETT,T

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

THOMAS

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:44

0.000Air Blank 05:44

0.080Control Test 05:45

0.000Air Blank 05:45

# 1 0.203Subject Sample 05:48 Volume Not Met

0.257Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.189Subject Sample 05:52

2.492Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 3 0.200Subject Sample 05:56

1.621Breath Volume 05:56

0.000Air Blank 05:57

0.078Control Test 05:57

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:43:5805/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:14

09:10

Jacksonville SO

RIVERS,R

08/05/2018

17316080A3

Jacksonville SO

DEVEREAUX,MICHAEL,C

BUTLER

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:34

0.000Air Blank 11:35

0.079Control Test 11:35

0.000Air Blank 11:36

# 1 0.230Subject Sample 11:37

1.316Breath Volume 11:37

0.000Air Blank 11:38

0.000Air Blank 11:40

# 2 0.217Subject Sample 11:42

1.800Breath Volume 11:42

0.000Air Blank 11:42

0.077Control Test 11:43

0.000Air Blank 11:43

OKDiagnostics Check 11:43

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:4605/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

15:30

Jacksonville SO

MARRERO,J

08/05/2018

17316080A3

Jacksonville SO

MURRIELL,E,L

STRIVE

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.079Control Test 19:10

0.000Air Blank 19:11

# 1Subject Sample 19:13 Subject Test Refused

0.000Breath Volume 19:13

0.000Air Blank 19:13

0.079Control Test 19:14

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:5005/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:47

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

MURRIELL,E,L

MARTINEZ

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.078Control Test 21:03

0.000Air Blank 21:04

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:04

0.078Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:5305/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

00:23

Jacksonville SO

BAI,S]

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

MARTINEZ PERDOMO

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.079Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2005/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:37

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

BLUE

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

02:10

Jacksonville SO

FILBERT],E

08/05/2018

17316080A3

Jacksonville Beach

BERRY,SHANON,E

FORD

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:5905/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

00:58

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

TILLMAN

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

# 1 0.113Subject Sample 02:25

1.207Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.109Subject Sample 02:29

1.105Breath Volume 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:4605/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

17:16

Jacksonville SO

BYRNE,J

08/05/2018

17316080A3

Jacksonville SO

MURRIELL,E,L

THOMAS

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

# 1 0.230Subject Sample 19:46

2.089Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.227Subject Sample 19:49

2.203Breath Volume 19:49

0.000Air Blank 19:49

0.079Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:5705/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:15

Jacksonville SO

HESS,T

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

URBANEK

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

# 1 0.142Subject Sample 02:40

2.054Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.143Subject Sample 02:43

2.597Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3805/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:24

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

SMITH,A,B

MILNER

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1 0.132Subject Sample 03:47

1.417Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.126Subject Sample 03:51

2.429Breath Volume 03:51

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2005/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

02:15

Jacksonville SO

LYON,G

08/05/2018

17316080A3

Jacksonville SO

BERRY,SHANON,E

HUGULEY

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.078Control Test 04:35

0.000Air Blank 04:36

# 1 0.216Subject Sample 04:36

1.238Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.198Subject Sample 04:39

1.199Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:1505/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

17:00

Jacksonville SO

MILLER,C

08/05/2018

17316080A3

FHP Troop G

TAYLOR,TIMOTHY,P

SIMS

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.079Control Test 19:09

0.000Air Blank 19:10

# 1 0.000Subject Sample 19:10

1.500Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.000Subject Sample 19:13

1.460Breath Volume 19:13

0.000Air Blank 19:14

0.079Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:3105/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

17:28

Jacksonville SO

BRYANT,R

08/05/2018

17316080A3

Jacksonville SO

MURRIELL,E,L

POTTORFF

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.079Control Test 19:18

0.000Air Blank 19:19

# 1 0.000Subject Sample 19:20

1.789Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.000Subject Sample 19:23

1.378Breath Volume 19:23

0.000Air Blank 19:23

0.080Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1605/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:28

Jacksonville SO

BARTILUCCI,D

08/05/2018

17316080A3

Jacksonville SO

SMITH,KEVIN,W

HARPER

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.169Subject Sample 02:28

2.800Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.168Subject Sample 02:31

2.636Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:3205/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

19:35

Jacksonville SO

STANLEY,T

08/05/2018

17316080A3

Jacksonville SO

THIGPEN,J,T

ABOOD

05/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

# 1 0.000Subject Sample 21:37

3.121Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.000Subject Sample 21:40

3.703Breath Volume 21:40

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 05/31/2017 11:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:5205/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:57

FHP Troop B

FERNANDEZ,ALAIN

09/05/2018

20016080A2

FHP Troop B

COLLINS,MARVIN,D

VELDEZ

05/27/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.077Control Test 19:32

0.000Air Blank 19:32

# 1Subject Sample 19:34 Subject Test Refused

0.000Breath Volume 19:34

0.000Air Blank 19:34

0.077Control Test 19:35

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 06/29/2017 01:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:2305/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

04:24

Clay County SO

RYAN,TROOPER

06/05/2018

12716080A5

FHP Troop G

SANTIAGO,DEPUTY,

HUNTER

04/21/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:25

0.000Air Blank 06:26

0.079Control Test 06:26

0.000Air Blank 06:27

# 1 0.104Subject Sample 06:27

2.496Breath Volume 06:27

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.096Subject Sample 06:30

1.605Breath Volume 06:30

0.000Air Blank 06:31

0.079Control Test 06:31

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 05/19/2017 12:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:18

Clay County SO

THACKSTON,E

01/05/2019

32316080A2

Orange Park PD

ALTSTATT,MATTHEW,B

COZART

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

# 1 0.099Subject Sample 02:46

1.828Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.104Subject Sample 02:49

2.128Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:33

Clay County SO

RYAN,J

06/05/2018

12716080A5

FHP Troop G

BRAUNLICH,GLEN,A

COBB

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1 0.145Subject Sample 02:56

2.542Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.140Subject Sample 02:59

1.843Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0605/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:07

Clay County SO

BOATRIGHT,K

01/05/2019

32316080A2

FHP Troop G

JOHNSON,MATTHEW,P

BROWN

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:08

# 1Subject Sample 03:12 No Sample Provided

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:48:2905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

04:18

Clay County SO

ONORATO,B

01/05/2019

32316080A2

FHP Troop G

CROOKS,DEPUTY,T

VILLALVA

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:41

0.000Air Blank 06:42

0.079Control Test 06:42

0.000Air Blank 06:43

# 1 0.173Subject Sample 06:43

1.695Breath Volume 06:43

0.000Air Blank 06:44

0.000Air Blank 06:46

# 2 0.179Subject Sample 06:47

2.230Breath Volume 06:47

0.000Air Blank 06:47

0.078Control Test 06:47

0.000Air Blank 06:48

OKDiagnostics Check 06:48

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:4105/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:07

Clay County SO

PRITCHARD,T

01/05/2019

32316080A2

Clay County SO

BRAUNLICH,GLEN,A

PERRY

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

# 1 0.267Subject Sample 23:16

2.324Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.259Subject Sample 23:19

1.210Breath Volume 23:19

0.000Air Blank 23:19

0.079Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:4005/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:00

Clay County SO

SEAGLE,C

01/05/2019

32316080A2

Clay County SO

ASHE,KEVIN,B

MILLHONE

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.079Control Test 04:53

0.000Air Blank 04:53

# 1 0.200Subject Sample 04:54

4.015Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.210Subject Sample 04:57

3.894Breath Volume 04:57

0.000Air Blank 04:57

0.079Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4205/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

21:53

Clay County SO

CHALKER,S

01/05/2019

32316080A2

Orange Park PD

ALTSTATT,MATTHEW,B

LILLIS

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:30

# 1 0.196Subject Sample 23:32

3.394Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.184Subject Sample 23:35

2.082Breath Volume 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2805/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:13

Clay County SO

GRACKI,N

01/05/2019

32316080A2

Clay County SO

ASHE,KEVIN,B

PARKS

05/19/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:15 No Sample Provided

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2Subject Sample 03:21 No Sample Provided

0.000Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 06/18/2017 13:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4205/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:57

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

BRINGAS

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:46

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

MEYER

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:10

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4905/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:24

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

WISDOM

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 03:50 Voltage/Current Test

0.000Air Blank 03:50

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3705/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:24

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

WISDOM

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.160Subject Sample 03:56

1.839Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.157Subject Sample 03:59

2.750Breath Volume 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:2605/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:22

Monroe County SO

ALVAREZ,ORLANDO

03/09/2018

1824329

Monroe County SO

ALVAREZ,ORLANDO,

HESS

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:44

# 1 0.173Subject Sample 04:45

1.773Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.178Subject Sample 04:47

1.773Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:0105/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:15

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

CALZADILLA

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:51 No Sample Provided

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.141Subject Sample 00:55 No .020 agreement

4.050Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 3 0.120Subject Sample 00:58 No .020 agreement

1.292Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 01:00

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0205/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:39

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

GHANEM

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1 0.151Subject Sample 00:03

1.308Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.147Subject Sample 00:07

1.417Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:09

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:0805/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:19

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

GOMEZ

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3505/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:42

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

HARRINGTON

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1 0.024Subject Sample 00:05

2.656Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.023Subject Sample 00:08

1.886Breath Volume 00:08

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3405/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:38

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

SALATOWSKI

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:5105/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:00

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

LUER

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.078Control Test 21:21

0.000Air Blank 21:22

# 1Subject Sample 21:22 RFI Detect

0.000Breath Volume 21:22

0.000Air Blank 21:22

0.079Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 06/11/2017 16:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:1605/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:00

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

LUER

05/01/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

Air Blank 21:26 RFI Detect

Air Blank 21:26 RFI Detect

Data Download Date/Time: 06/11/2017 16:19

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:5005/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:52

FHP Troop C

ALVARADO,ANGEL

03/05/2019

03417080A1

FHP Troop C

ALVARADO,ANGEL,L

MUNOZ

04/22/2017

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.080Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 05/30/2017 19:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:1705/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:44

Zephyrhills PD

RICE,CALEB

03/05/2019

03417080A1

Zephyrhills PD

GARDNER,NATHAN,R

MOORE

04/22/2017

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.156Subject Sample 00:50

1.156Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.144Subject Sample 00:53

2.324Breath Volume 00:53

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 05/30/2017 19:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3505/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:23

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

OLVER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.142Subject Sample 02:35

1.679Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.151Subject Sample 02:38

1.589Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 06/01/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3105/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

22:09

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

SOKOL

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.082Control Test 22:23

0.000Air Blank 22:24

# 1Subject Sample 22:25 Subject Test Refused

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.081Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 06/01/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:56

St. Petersburg PD

ZOLLOTA,VLADAMIR

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

FRAZIER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

# 1 0.226Subject Sample 00:11

1.773Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.235Subject Sample 00:14

1.753Breath Volume 00:14

0.000Air Blank 00:14

0.081Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 06/01/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:33

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

KENDRICK

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.082Control Test 02:42

0.000Air Blank 02:42

# 1 0.149Subject Sample 02:43

3.097Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.131Subject Sample 02:46

1.425Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 06/01/2017 19:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4105/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:32

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

MCCOY

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.081Control Test 00:44

0.000Air Blank 00:44

# 1 0.127Subject Sample 00:44

1.976Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.126Subject Sample 00:48

1.347Breath Volume 00:48

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3205/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

01:19

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

DICARLO

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:32

# 1 0.220Subject Sample 01:33

1.726Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.212Subject Sample 01:36

2.781Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3705/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:37

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

WHITAKER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2405/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:33

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

COMMENT

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1 0.160Subject Sample 01:48

3.515Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.170Subject Sample 01:51

1.730Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4905/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:38

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

KRANAK

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:09

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.081Control Test 02:10

Air Blank 02:10 RFI Detect

0.000Air Blank 02:10

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3905/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:38

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

KRANAK

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.081Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:5405/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

21:02

St. Petersburg PD

ALI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PARKS

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

Air Blank 21:13 RFI Detect

0.000Air Blank 21:13

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:0505/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

21:02

St. Petersburg PD

ALI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PARKS

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:16

# 1 0.196Subject Sample 21:16

1.449Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.192Subject Sample 21:19

1.339Breath Volume 21:19

0.000Air Blank 21:20

0.081Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:21

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5605/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:12

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

ISENBERG

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.198Subject Sample 02:31

2.347Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.206Subject Sample 02:34

1.941Breath Volume 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3405/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:39

St. Petersburg PD

ALI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PETERS

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.000Subject Sample 03:07

3.402Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.000Subject Sample 03:10

4.027Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1105/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:30

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BAUDER

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1 0.170Subject Sample 03:45

1.472Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.173Subject Sample 03:48

3.210Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1505/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:20

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

AVE

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:40 No Sample Provided

0.000Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:4305/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:37

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

CAMPBELL

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

# 1Subject Sample 20:44 Slope Not Met

1.851Breath Volume 20:44

0.000Air Blank 20:44

0.080Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:5905/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:37

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

CAMPBELL

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.081Control Test 21:07

0.000Air Blank 21:07

# 1 0.438Subject Sample 21:08

2.964Breath Volume 21:08

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.439Subject Sample 21:11

2.832Breath Volume 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

20:19

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

CORNETT

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.081Control Test 20:55

0.000Air Blank 20:56

# 1 0.234Subject Sample 20:59

1.914Breath Volume 20:59

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.230Subject Sample 21:02

2.144Breath Volume 21:02

0.000Air Blank 21:02

0.078Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2105/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:46

St. Petersburg PD

WEISKOPH,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

STEPHENS

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.305Subject Sample 03:02

2.816Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.293Subject Sample 03:05

2.375Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:5305/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:20

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

GIANDANOTO

05/03/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1 0.208Subject Sample 21:32 Volume Not Met

0.000Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2Subject Sample 21:36 Subject Test Refused

0.046Breath Volume 21:36

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 06/01/2017 19:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:0805/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:33

Polk County SO

SINCLAIR,CAMERON

09/05/2018

20016080A1

Polk County SO

SINCLAIR,CAMERON,W

BARRINGTON

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.140Subject Sample 02:36

1.535Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:38

# 2 0.137Subject Sample 02:39

1.378Breath Volume 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 05/09/2017 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:2905/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:49

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

KOEHLER

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.080Control Test 22:03

0.000Air Blank 22:03

# 1 0.080Subject Sample 22:04

1.937Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.076Subject Sample 22:07

1.687Breath Volume 22:07

0.000Air Blank 22:08

0.079Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:5905/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

18:27

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

PROVAN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.080Control Test 19:56

0.000Air Blank 19:57

# 1 0.000Subject Sample 19:58

1.519Breath Volume 19:58

0.000Air Blank 19:59

0.000Air Blank 20:01

# 2 0.000Subject Sample 20:01

1.277Breath Volume 20:01

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4805/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:32

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

DODSON

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:29

# 1 0.170Subject Sample 23:31

2.019Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.177Subject Sample 23:34

1.378Breath Volume 23:34

0.000Air Blank 23:34

0.079Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:2105/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

00:31

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

WATHAN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

# 1 0.186Subject Sample 00:39

2.003Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.171Subject Sample 00:42

2.695Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0805/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:10

Polk County SO

FRANCE,PAUL

09/05/2018

20016080A1

FHP Troop C

FAUST,KATHLEEN,N

CORTEZ GUERRERO

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

# 1 0.143Subject Sample 22:55

1.386Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.140Subject Sample 23:00

1.875Breath Volume 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5205/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:33

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,R

COLEMAN

04/03/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.079Control Test 03:28

0.000Air Blank 03:28

# 1 0.206Subject Sample 03:29

1.957Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.214Subject Sample 03:32

1.933Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 05/09/2017 14:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:0905/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:45

FHP Troop C

NARINE,NANDKISHORE

10/05/2017

24515080A2

FHP Troop C

NARINE,NANDKISHORE,

DUKES

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:50

0.079Control Test 08:50

0.000Air Blank 08:51

# 1 0.000Subject Sample 08:51

2.984Breath Volume 08:51

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.000Subject Sample 08:54

2.359Breath Volume 08:54

0.000Air Blank 08:55

0.078Control Test 08:55

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:1605/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

16:52

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

TYREE

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:24

0.000Air Blank 18:25

0.081Control Test 18:25

0.000Air Blank 18:25

# 1 0.000Subject Sample 18:26

1.671Breath Volume 18:26

0.000Air Blank 18:26

0.000Air Blank 18:28

# 2 0.000Subject Sample 18:28

2.023Breath Volume 18:28

0.000Air Blank 18:29

0.080Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 05/18/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1705/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:15

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

RICHARDS,PATRICK,J

RICHARDS

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.152Subject Sample 03:52

1.738Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.150Subject Sample 03:55

1.617Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:1305/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:38

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

REDDY

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 05:00

# 1 0.208Subject Sample 05:00

2.175Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.210Subject Sample 05:03

1.441Breath Volume 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:5705/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:32

Pasco County SO

DAUGHERTY,DANIEL

10/05/2017

24515080A2

Pasco County SO

DAUGHERTY,DANIEL,M

DALY

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.079Control Test 18:01

0.000Air Blank 18:02

# 1 0.152Subject Sample 18:03

1.695Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.159Subject Sample 18:06

2.238Breath Volume 18:06

0.000Air Blank 18:07

0.079Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2905/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:08

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

YACKEL

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.160Subject Sample 01:09

2.324Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.174Subject Sample 01:12

1.683Breath Volume 01:12

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4905/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

22:59

Pasco County SO

KNORR,EDWARD

10/05/2017

24515080A2

New Port Richey PD

KNORR,PETER,J

ADOLPH

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.079Control Test 01:59

0.000Air Blank 02:00

# 1 0.165Subject Sample 02:01

2.406Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.159Subject Sample 02:05

2.082Breath Volume 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4505/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

21:49

FHP Troop C

ASBELL,DANA

10/05/2017

24515080A2

FHP Troop C

BRIOLAT,CASEY,J

MELENDEZ

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1 0.160Subject Sample 23:35

2.441Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.156Subject Sample 23:38

1.632Breath Volume 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3505/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:34

Pasco County SO

SAMAR,C

10/05/2017

24515080A2

Pasco County SO

BARROW,M,A

MOLINA

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.164Subject Sample 01:31

1.714Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.173Subject Sample 01:34

2.132Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1905/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:30

FHP Troop C

MIDDLETON,DANIEL

10/05/2017

24515080A2

FHP Troop C

MIDDLETON,DANIEL,S

PEREIRA

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1 0.162Subject Sample 03:22

1.882Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.166Subject Sample 03:25

2.132Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:4105/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:09

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

CROSS

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

# 1 0.162Subject Sample 21:36

1.871Breath Volume 21:36

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.168Subject Sample 21:40

2.882Breath Volume 21:40

0.000Air Blank 21:40

0.078Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:38:3305/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:11

13:20

FHP Troop C

GREEN,WILLIAM

10/05/2017

24515080A2

FHP Troop C

GREEN,WILLIAM,E

CUMMINGS

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:32

0.000Air Blank 14:32

0.079Control Test 14:33

0.000Air Blank 14:33

# 1 0.257Subject Sample 14:34

2.167Breath Volume 14:34

0.000Air Blank 14:34

0.000Air Blank 14:36

# 2 0.262Subject Sample 14:37

2.144Breath Volume 14:37

0.000Air Blank 14:37

0.079Control Test 14:37

0.000Air Blank 14:38

OKDiagnostics Check 14:38

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1105/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:46

FHP Troop C

MIDDLETON,DANIEL

10/05/2017

24515080A2

FHP Troop C

MIDDLETON,DANIEL,S

PIERCE

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1 0.149Subject Sample 01:52

2.523Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.144Subject Sample 01:55

2.753Breath Volume 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:4905/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:06

16:27

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

SHINN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:27

0.079Control Test 17:27

0.000Air Blank 17:28

# 1 0.256Subject Sample 17:28

2.039Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2 0.248Subject Sample 17:31

1.148Breath Volume 17:31

0.000Air Blank 17:31

0.079Control Test 17:32

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:2405/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:24

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

SMITH

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.000Subject Sample 22:12

1.617Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.000Subject Sample 22:15

1.519Breath Volume 22:15

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:1905/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

21:48

Pasco County SO

DENDLER,Z

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

YATES

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1 0.162Subject Sample 23:34

1.117Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.167Subject Sample 23:37

1.839Breath Volume 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3805/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:53

Pasco County SO

GALASSI,JAY

10/05/2017

24515080A2

Pasco County SO

WINTERS,LANE,A

STICKNEY

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:0505/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:14

08:00

FHP Troop C

ASBELL,DANA

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

THOMPSON

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:34

0.000Air Blank 09:35

0.080Control Test 09:35

0.000Air Blank 09:35

# 1 0.094Subject Sample 09:37

2.308Breath Volume 09:37

0.000Air Blank 09:38

0.000Air Blank 09:39

# 2 0.093Subject Sample 09:40

2.773Breath Volume 09:40

0.000Air Blank 09:41

0.079Control Test 09:41

0.000Air Blank 09:42

OKDiagnostics Check 09:42

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:44

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

WARNER

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

# 1 0.000Subject Sample 04:01

1.964Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.000Subject Sample 04:04

1.882Breath Volume 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0705/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:27

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

MOORE

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1 0.152Subject Sample 00:04

1.941Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.150Subject Sample 00:07

1.804Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2505/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:38

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

STEPHEN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1 0.064Subject Sample 00:16

2.101Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.066Subject Sample 00:19

2.804Breath Volume 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:18

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

BUCKMAN

04/19/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.079Control Test 01:13

0.000Air Blank 01:13

# 1 0.128Subject Sample 01:15

1.417Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.112Subject Sample 01:20

1.285Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 05/18/2017 11:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:0705/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:40

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

WOOD

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

# 1 0.019Subject Sample 20:42

1.394Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.015Subject Sample 20:47 Volume Not Met

0.667Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 3 0.015Subject Sample 20:50

1.472Breath Volume 20:50

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:5205/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:40

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

WOOD

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

# 1 0.008Subject Sample 21:23

1.593Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.000Subject Sample 21:26

1.429Breath Volume 21:26

0.000Air Blank 21:26

0.079Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:4205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

09:44

FHP Troop C

BLYTH,JACOB

10/05/2017

24515080A2

FHP Troop C

BLYTH,JACOB,A

HOLMAN

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.078Control Test 00:55

0.000Air Blank 00:55

# 1 0.179Subject Sample 00:56

1.394Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.188Subject Sample 00:59

2.402Breath Volume 00:59

0.000Air Blank 00:59

0.078Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:59:0805/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:31

05:44

FHP Troop C

BRIOLAT,CASEY

10/05/2017

24515080A2

FHP Troop C

BRIOLAT,CASEY,J

AIME

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:51

0.000Air Blank 06:52

0.080Control Test 06:52

0.000Air Blank 06:53

# 1 0.209Subject Sample 06:53

1.757Breath Volume 06:53

0.000Air Blank 06:54

0.000Air Blank 06:56

# 2 0.202Subject Sample 06:57

2.570Breath Volume 06:57

0.000Air Blank 06:58

0.078Control Test 06:58

0.000Air Blank 06:59

OKDiagnostics Check 06:59

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:24

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

FUNCHEON

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.000Subject Sample 01:34

1.453Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.000Subject Sample 01:37

1.359Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:5805/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:06

Pasco County SO

TOLDO,MICHAEL

10/05/2017

24515080A2

Pasco County SO

DAUGHERTY,DANIEL',M

JONES

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.164Subject Sample 23:40 Volume Not Met

0.589Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:42

# 2 0.199Subject Sample 23:45

1.234Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 3 0.173Subject Sample 23:51 Volume Not Met

0.660Breath Volume 23:51

0.000Air Blank 23:52

0.077Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5805/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:06

Pasco County SO

TOLDO,MICHAEL

10/05/2017

24515080A2

Pasco County SO

DAUGHERTY,DANIEL,M

JONES

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:57

# 2 0.191Subject Sample 23:57

1.132Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.207Subject Sample 00:00

1.656Breath Volume 00:00

0.000Air Blank 00:01

0.077Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2705/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:21

Pasco County SO

BLICKER,EVAN

10/05/2017

24515080A2

Pasco County SO

DAUGHERTY,DANIEL,M

MC GEE

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1 0.150Subject Sample 02:28

2.410Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.147Subject Sample 02:31

2.085Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:0905/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

06:38

FHP Troop C

NOTTINGHAM,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

BOYETT

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.078Control Test 20:40

0.000Air Blank 20:40

# 1 0.120Subject Sample 20:41

4.230Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.114Subject Sample 20:44

3.480Breath Volume 20:44

0.000Air Blank 20:45

0.079Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:0605/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:04

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

FLETCHER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.079Control Test 22:19

0.000Air Blank 22:19

# 1 0.000Subject Sample 22:19

2.218Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.000Subject Sample 22:22

1.781Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:3005/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:15

Pasco County SO

KNORR,PETER

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

WHITAKER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1 0.000Subject Sample 23:08

2.097Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.000Subject Sample 23:11

2.554Breath Volume 23:11

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 06/13/2017 04:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:16:2105/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

11:59

Pasco County SO

LUGO-FELIX,DANNY

10/05/2017

24515080A2

Pasco County SO

LUGO-FELIX,DANNY,J

MCCAFFREY

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:10

0.000Air Blank 13:10

0.080Control Test 13:11

0.000Air Blank 13:11

# 1 0.062Subject Sample 13:11

4.164Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.058Subject Sample 13:14

2.718Breath Volume 13:14

0.000Air Blank 13:15

0.080Control Test 13:15

0.000Air Blank 13:16

OKDiagnostics Check 13:16

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:4105/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:36

16:52

FHP Troop C

GREEN,WILLIAM

10/05/2017

24515080A2

FHP Troop C

GREEN,WILLIAM,E

SHEPPARD

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.080Control Test 17:57

0.000Air Blank 17:57

# 1 0.000Subject Sample 17:58

2.902Breath Volume 17:58

0.000Air Blank 17:58

0.000Air Blank 18:00

# 2 0.000Subject Sample 18:01

2.804Breath Volume 18:01

0.000Air Blank 18:01

0.079Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3005/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:23

FHP Troop C

BLICKER,E

10/05/2017

24515080A2

Pasco County SO

ALVARADO,A,L

CAULK

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.078Control Test 21:41

0.000Air Blank 21:42

# 1 0.135Subject Sample 21:42

3.226Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.135Subject Sample 21:46

2.195Breath Volume 21:46

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:5805/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:11

Pasco County SO

KNORR,PETER

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

FERGUSON

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:23

2.863Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:26

2.910Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3305/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:31

Pasco County SO

PENNELL,RUSSELL

10/05/2017

24515080A2

Pasco County SO

KNORR,PETER,J

BEATTY

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.206Subject Sample 03:12

2.269Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.194Subject Sample 03:16

2.195Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:52

Pasco County SO

NIXON,BARRY

10/05/2017

24515080A2

Pasco County SO

NIXON,BARRY,

RUNMAN

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

# 1 0.288Subject Sample 00:55

2.527Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.280Subject Sample 00:57

1.992Breath Volume 00:57

0.000Air Blank 00:58

0.078Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:57

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

TUCKER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.080Control Test 21:10

0.000Air Blank 21:10

# 1 0.000Subject Sample 21:13 Volume Not Met

0.796Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.000Subject Sample 21:19 Volume Not Met

0.746Breath Volume 21:19

0.000Air Blank 21:19

0.079Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:2505/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:57

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

TUCKER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

# 1 0.000Subject Sample 21:26 Volume Not Met

0.644Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.000Subject Sample 21:32 Volume Not Met

0.929Breath Volume 21:32

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4405/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

19:57

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

TUCKER

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.079Control Test 22:06

0.000Air Blank 22:06

# 1 0.000Subject Sample 22:09 Volume Not Met

0.714Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.000Subject Sample 22:15 Volume Not Met

0.875Breath Volume 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:3205/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:02

FHP Troop C

BROWN,JASON

10/05/2017

24515080A2

FHP Troop C

BROWN,JASON,G

HARVEY

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.139Subject Sample 03:38

2.148Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.148Subject Sample 03:41

2.421Breath Volume 03:41

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:36

Pasco County SO

PEASE,MATTHEW

10/05/2017

24515080A2

Pasco County SO

AIKEN,DURRIEL,R

DOLEN

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:44

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5205/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:21

Pasco County SO

FITSCHEN,B

10/05/2017

24515080A2

Pasco County SO

WINTERS,LANE,A

QUARLES

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:21

# 1 0.185Subject Sample 03:22

1.507Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.186Subject Sample 03:25

1.996Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:0805/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:50

FHP Troop C

BLICKER,EVAN

10/05/2017

24515080A2

Pasco County SO

GREEN,WILLIAM,E

CERVO

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:54

0.000Air Blank 18:55

0.079Control Test 18:55

0.000Air Blank 18:56

# 1 0.000Subject Sample 18:56

2.082Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.000Subject Sample 18:59

1.925Breath Volume 18:59

0.000Air Blank 19:00

0.080Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:13:0205/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:22

08:19

FHP Troop C

KRAUS,CHRISTOPHER

10/05/2017

24515080A2

FHP Troop C

KRAUS,CHRISTOPHER,J

AYERS

05/18/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:05

0.000Air Blank 09:05

0.079Control Test 09:06

0.000Air Blank 09:06

# 1 0.169Subject Sample 09:08

1.652Breath Volume 09:08

0.000Air Blank 09:08

0.000Air Blank 09:10

# 2 0.162Subject Sample 09:11

1.703Breath Volume 09:11

0.000Air Blank 09:12

0.078Control Test 09:12

0.000Air Blank 09:12

OKDiagnostics Check 09:13

Data Download Date/Time: 06/13/2017 04:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4005/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:59

Plantation PD

WENSYEL,C

07/05/2018

14816080A2

Plantation PD

BEAUREGARD,JEFF,

SHEA

04/27/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:36

# 1 0.000Subject Sample 22:37

1.914Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.000Subject Sample 22:41

1.636Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 05/26/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:33

Plantation PD

BEAUREGARD,OFC. J.

07/05/2018

14816080A2

Plantation PD

BROSKIE,OFC. J.,

PERRINO

04/27/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

# 1 0.234Subject Sample 03:11

1.523Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.248Subject Sample 03:15

3.242Breath Volume 03:15

0.000Air Blank 03:15

0.078Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 05/26/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:1505/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:52

Plantation PD

BEAUREGARD,J

07/05/2018

14816080A2

Plantation PD

CAMPBELL,STUART,

LYNCH

04/27/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.078Control Test 21:28

0.000Air Blank 21:28

# 1 0.144Subject Sample 21:29

2.570Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.143Subject Sample 21:32

1.640Breath Volume 21:32

0.000Air Blank 21:33

0.078Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 05/26/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4505/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:38

Plantation PD

VEGA,B

07/05/2018

14816080A2

Plantation PD

GONZALEZ,ERIC,C

HEATH

05/26/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

# 1 0.029Subject Sample 04:32

2.347Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.030Subject Sample 04:35

2.199Breath Volume 04:35

0.000Air Blank 04:35

0.078Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 06/28/2017 15:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5105/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:36

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

LESLIE

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:52 No Sample Provided

0.000Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.078Subject Sample 00:58 Volume Not Met

0.246Breath Volume 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:3305/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:40

FHP Troop C

ANDERSON,CHAD

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

MCAVAY

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.080Control Test 05:51

0.000Air Blank 05:52

# 1 0.234Subject Sample 05:52

2.421Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.216Subject Sample 05:56

1.933Breath Volume 05:56

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1805/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:06

FHP Troop C

PECYLAK,M

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

DENSON

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:27

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4305/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

04:06

FHP Troop C

PECYLAK,M

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

DENSON

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

# 1 0.115Subject Sample 04:42

1.777Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.116Subject Sample 04:45

2.417Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:1105/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:26

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

CORBETT

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:29

# 1 0.088Subject Sample 19:29

2.789Breath Volume 19:29

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.084Subject Sample 19:32

2.484Breath Volume 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:5105/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:44

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

ABIDOVIC

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

# 1 0.144Subject Sample 22:02

1.488Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2Subject Sample 22:06 RFI Detect

0.992Breath Volume 22:06

0.000Air Blank 22:06

0.078Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:0205/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:44

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

ABIDOVIC

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:10

0.078Control Test 22:10

0.000Air Blank 22:10

# 1 0.140Subject Sample 22:12

1.597Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.136Subject Sample 22:15

1.656Breath Volume 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:17

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2105/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:50

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

CLARK

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

# 1 0.175Subject Sample 01:23

2.175Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.161Subject Sample 01:26

1.425Breath Volume 01:26

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 05/27/2017 21:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:0805/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

04:13

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

HARRISON

05/01/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 06/11/2017 16:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0505/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:48

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

DELRIO

05/01/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:23

Data Download Date/Time: 06/11/2017 16:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:4505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:53

FHP Troop E

MARTIN,SHAWN

03/09/2018

1824329

FHP Troop E

MARTIN,SHAWN,W

FLYNN

05/01/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

# 1 0.254Subject Sample 05:29

1.687Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.258Subject Sample 05:34

3.625Breath Volume 05:34

0.000Air Blank 05:34

0.079Control Test 05:35

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 06/11/2017 16:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:1305/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:58

13:54

FHP Troop A

GUIFARRO,NORMA

02/21/2020

712031

FHP Troop A

GUIFARRO,NORMA,D

HULBERT

04/03/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.080Control Test 15:19

0.000Air Blank 15:20

# 1 0.000Subject Sample 15:21

1.808Breath Volume 15:21

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.000Subject Sample 15:24

2.214Breath Volume 15:24

0.000Air Blank 15:25

0.081Control Test 15:25

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 05/03/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:0105/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:51

09:40

FHP Troop D

SOUSA,RICHARD

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

WELSH

04/30/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:21

0.000Air Blank 10:21

0.082Control Test 10:21

0.000Air Blank 10:22

# 1 0.000Subject Sample 10:22

1.699Breath Volume 10:22

0.000Air Blank 10:23

0.000Air Blank 10:25

# 2 0.000Subject Sample 10:25

1.730Breath Volume 10:25

0.000Air Blank 10:26

0.082Control Test 10:26

0.000Air Blank 10:26

OKDiagnostics Check 10:27

Data Download Date/Time: 05/17/2017 20:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:0805/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:47

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

CLAWSON

04/30/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.082Control Test 23:08

0.000Air Blank 23:09

# 1 0.043Subject Sample 23:09

3.617Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.040Subject Sample 23:12

4.195Breath Volume 23:12

0.000Air Blank 23:13

0.083Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 05/17/2017 20:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5305/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:47

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

SAVAGE

05/17/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:21

# 1 0.034Subject Sample 03:22

1.976Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.030Subject Sample 03:25

1.558Breath Volume 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 06/11/2017 21:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:59

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

HILL

05/17/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.082Control Test 01:30

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:31

1.464Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:34

1.796Breath Volume 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:36

Data Download Date/Time: 06/11/2017 21:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4705/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:36

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

WASHINGTON

05/17/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

# 1 0.029Subject Sample 03:12

1.703Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.030Subject Sample 03:15

1.496Breath Volume 03:15

0.000Air Blank 03:15

0.082Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/11/2017 21:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:3105/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:44

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

BAKER

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.082Control Test 18:52

0.000Air Blank 18:52

# 1 0.185Subject Sample 18:53

1.941Breath Volume 18:53

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.175Subject Sample 18:56

1.687Breath Volume 18:56

0.000Air Blank 18:56

0.082Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 05/27/2017 20:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1005/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

21:16

FHP Troop C

CASTILLO,JOSUET

06/29/2019

477627

FHP Troop C

CASTILLO,JOSUET,

DUBENDORFER

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.083Control Test 21:25

0.000Air Blank 21:25

# 1Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:27

0.082Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2405/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:37

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

MARANI

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.082Control Test 01:48

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

1.671Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:52

2.500Breath Volume 01:52

0.000Air Blank 01:52

0.084Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:2705/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

19:00

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

BROOKS

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.082Control Test 19:06

0.000Air Blank 19:06

# 1 0.202Subject Sample 19:08

1.531Breath Volume 19:08

0.000Air Blank 19:08

0.000Air Blank 19:10

# 2 0.201Subject Sample 19:10

1.648Breath Volume 19:10

0.000Air Blank 19:11

0.080Control Test 19:11

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:0705/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:58

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

NORRINGTON

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.081Control Test 22:11

0.000Air Blank 22:12

# 1 0.150Subject Sample 22:12

2.437Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.143Subject Sample 22:15

1.492Breath Volume 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:52

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

DE LA CRUZ CORNEJO

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.082Control Test 02:03

0.000Air Blank 02:03

# 1 0.144Subject Sample 02:05

2.093Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.145Subject Sample 02:09

2.203Breath Volume 02:09

0.000Air Blank 02:09

0.082Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0405/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:24

FHP Troop C

PALFY,RACHEL

06/29/2019

477627

FHP Troop C

PALFY,RACHEL,M

ARIAS

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.083Control Test 03:36

0.000Air Blank 03:36

# 1 0.126Subject Sample 03:37

1.484Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.112Subject Sample 03:41

1.160Breath Volume 03:41

0.000Air Blank 03:42

0.082Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:43

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4705/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:51

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

SALAZAR ALVAREZ

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.082Control Test 04:06

0.000Air Blank 04:07

# 1 0.150Subject Sample 04:07

1.933Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.154Subject Sample 04:10

2.367Breath Volume 04:10

0.000Air Blank 04:10

0.082Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4205/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:31

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

BAZA-JAIMES

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.083Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:46

0.082Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2305/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

02:01

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

KIRKPATRICK

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.082Control Test 02:15

0.000Air Blank 02:15

# 1 0.213Subject Sample 02:16

1.464Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.225Subject Sample 02:18

2.242Breath Volume 02:18

0.000Air Blank 02:19

0.083Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:2305/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

21:13

FHP Troop C

HERNANDEZ,ALAIN

06/29/2019

477627

FHP Troop C

HERNANDEZ,ALAIN,

ORTIZ MARTINEZ

04/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.082Control Test 21:26

0.000Air Blank 21:26

# 1 0.257Subject Sample 21:28

1.867Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.245Subject Sample 21:31

1.906Breath Volume 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 05/27/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:0605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:38

Deland PD

WATSON,B

06/13/2018

AG616503

Volusia County SO

WALTER,C,K

MORRISON

04/27/2017

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1 0.223Subject Sample 21:34

1.191Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.236Subject Sample 21:38

2.152Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 05/23/2017 14:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4305/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:37

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

BROWN

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.178Subject Sample 00:34

1.230Breath Volume 00:34

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.167Subject Sample 00:37

1.968Breath Volume 00:37

0.000Air Blank 00:37

0.078Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:00:3105/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:17

06:53

Tallahassee PD

EVERETT,M

07/05/2018

14816080A3

Tallahassee PD

KENNEDY,CATHY,A

BONNER

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:54

0.000Air Blank 07:54

0.079Control Test 07:54

0.000Air Blank 07:55

# 1 0.179Subject Sample 07:55

1.589Breath Volume 07:55

0.000Air Blank 07:56

0.000Air Blank 07:58

# 2 0.176Subject Sample 07:58

1.589Breath Volume 07:58

0.000Air Blank 07:59

0.078Control Test 07:59

0.000Air Blank 08:00

OKDiagnostics Check 08:00

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:1305/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

06:19

Tallahassee PD

EVERETT,MATTHEW

07/05/2018

14816080A3

Tallahassee PD

HARRIS,JAMES,J

WILLIAMS

04/13/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:27

0.000Air Blank 07:28

0.079Control Test 07:28

0.000Air Blank 07:28

# 1Subject Sample 07:30 Subject Test Refused

0.000Breath Volume 07:30

0.000Air Blank 07:31

0.079Control Test 07:31

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 05/04/2017 10:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:3905/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

18:03

FHP Troop H

ROUFA,TIM

07/05/2018

14816080A3

FHP Troop H

COHEN,VALARIE,L

ELLIS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.078Control Test 19:42

0.000Air Blank 19:42

# 1 0.221Subject Sample 19:43

3.464Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.209Subject Sample 19:46

2.882Breath Volume 19:46

0.000Air Blank 19:46

0.079Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1605/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:26

Tallahassee PD

ROY,G

07/05/2018

14816080A3

Tallahassee PD

ROY,G,

PEUCKERT

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.078Control Test 01:15

0.000Air Blank 01:15

# 1 0.203Subject Sample 01:16

3.042Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.202Subject Sample 01:19

2.093Breath Volume 01:19

0.000Air Blank 01:20

0.078Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0305/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:29

FL State University

YARBOROUGH,CHASEN

07/05/2018

14816080A3

FL State University

DEGRAW,JACK,D

SCALES

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.000Subject Sample 02:11

5.511Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.000Subject Sample 02:14

6.066Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2905/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:23

Tallahassee PD

OCONNOR,S

07/05/2018

14816080A3

Leon County SO

ROY,G,

WILLIAMS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

# 1 0.131Subject Sample 03:35

1.441Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.133Subject Sample 03:38

1.335Breath Volume 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1005/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:50

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

BULLOCK,JOSHUA,R

DAVIS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

# 1 0.173Subject Sample 04:05

2.050Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.168Subject Sample 04:08

1.441Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3705/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:42

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

BARHAM

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.167Subject Sample 02:24

1.414Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.152Subject Sample 02:28

1.414Breath Volume 02:28

0.000Air Blank 02:28

0.078Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:1905/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:15

Tallahassee PD

ROY,G

07/05/2018

14816080A3

Tallahassee PD

ROY,G,

REYNOLDS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.079Control Test 19:16

0.000Air Blank 19:17

# 1 0.131Subject Sample 19:20

1.554Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.135Subject Sample 19:23

1.527Breath Volume 19:23

0.000Air Blank 19:24

0.078Control Test 19:24

0.000Air Blank 19:25

OKDiagnostics Check 19:25

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:16

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

MURPHY

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.077Control Test 04:05

0.000Air Blank 04:06

# 1 0.191Subject Sample 04:09 Volume Not Met

0.125Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:12

0.077Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:5905/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:28

FHP Troop H

AH SAM,GREGORY

07/05/2018

14816080A3

FHP Troop H

AH SAM,GREGORY,S

BALTAZAR

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.078Control Test 04:22

0.000Air Blank 04:22

# 1 0.141Subject Sample 04:23

2.082Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.152Subject Sample 04:26

2.972Breath Volume 04:26

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2005/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:41

Tallahassee PD

GONZALEZ,A

07/05/2018

14816080A3

Tallahassee PD

GONZALEZ,A,L

BROWN

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:55

# 1 0.195Subject Sample 00:55

1.601Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.194Subject Sample 00:58

1.632Breath Volume 00:58

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4705/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

12:57

Tallahassee PD

WRIGHT,SHAWN

07/05/2018

14816080A3

Tallahassee PD

LINDSAY,RYAN,A

GOMEZ

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

# 1 0.196Subject Sample 01:37

1.261Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.190Subject Sample 01:40

2.566Breath Volume 01:40

0.000Air Blank 01:40

0.076Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4605/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:22

Tallahassee PD

BRAXTON,D

07/05/2018

14816080A3

Tallahassee PD

BRAXTON,D,L

BROWN

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.089Subject Sample 02:59

2.734Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.079Subject Sample 03:02

1.265Breath Volume 03:02

0.000Air Blank 03:02

0.078Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:1805/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

17:19

Tallahassee PD

ALBRIGHT,J

07/05/2018

14816080A3

Tallahassee PD

RUSCITTO,C,E

LANIER

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.077Control Test 21:02

0.000Air Blank 21:02

# 1 0.294Subject Sample 21:03

1.964Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.280Subject Sample 21:06

1.917Breath Volume 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3005/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:00

FL State University

HERRING,JANEL

07/05/2018

14816080A3

FL State University

SHERER,DANIEL,W

PANDOLFO

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

Air Blank 03:00 Improper Sample

0.000Air Blank 03:01

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3505/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:00

FL State University

HERRING,JANEL

07/05/2018

14816080A3

FL State University

SHERER,DANIEL,W

PANDOLFO

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.078Control Test 03:04

0.000Air Blank 03:04

# 1 0.185Subject Sample 03:05

3.792Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.198Subject Sample 03:07

4.378Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0605/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:16

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

COOPER

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

# 1 0.136Subject Sample 00:05

2.121Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.139Subject Sample 00:08

1.996Breath Volume 00:08

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4405/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:51

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

MARTINEZ

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1 0.202Subject Sample 03:36 Volume Not Met

0.468Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.230Subject Sample 03:39 No .020 agreement

1.105Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 3 0.202Subject Sample 03:43 No .020 agreement

1.308Breath Volume 03:43

0.000Air Blank 03:43

0.076Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4205/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:51

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

MARTINEZ

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:49

# 1 0.206Subject Sample 03:49

1.109Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.215Subject Sample 03:54

1.425Breath Volume 03:54

0.000Air Blank 03:54

0.075Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3905/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:22

Tallahassee PD

OHARA,KAMERON

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

FAIRCLOTH

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:24

# 1 0.225Subject Sample 00:24

1.121Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.243Subject Sample 00:28

2.347Breath Volume 00:28

0.000Air Blank 00:28

0.078Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4705/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:38

Tallahassee PD

ROY,G

07/05/2018

14816080A3

Tallahassee PD

ROY,G,

RODICIO

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:48

# 1 0.101Subject Sample 03:49

3.105Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.096Subject Sample 03:52

2.750Breath Volume 03:52

0.000Air Blank 03:52

0.078Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:1105/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:59

FL State University

VARNER,TYLER

07/05/2018

14816080A3

FL State University

JOHNSON,ANDREW,L

MILNER

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.079Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0505/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:27

FL State University

CORLEY,NICK

07/05/2018

14816080A3

FL State University

DEGRAW,JACK,D

SOSNER

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

# 1 0.067Subject Sample 03:13

4.363Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.064Subject Sample 03:16

2.750Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 06/07/2017 11:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:5105/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:24

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

SANTIAGO FLORES

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

# 1 0.172Subject Sample 00:24

1.460Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.153Subject Sample 00:27

1.457Breath Volume 00:27

0.000Air Blank 00:27

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:4805/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:47

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

CALVO

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.078Control Test 05:23

0.000Air Blank 05:24

# 1 0.188Subject Sample 05:24

1.378Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.203Subject Sample 05:28

1.832Breath Volume 05:28

0.000Air Blank 05:28

0.078Control Test 05:29

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:2505/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:25

FL State University

VARNER,TYLER

07/05/2018

14816080A3

FL State University

JOHNSON,ANDREW,L

GRAHAM

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

# 1 0.211Subject Sample 01:21

2.031Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.207Subject Sample 01:24

3.402Breath Volume 01:24

0.000Air Blank 01:25

0.077Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0805/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:16

Tallahassee PD

SMIDT,M

07/05/2018

14816080A3

Tallahassee PD

SMIDT,M,D

MILTON

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:52

# 1 0.213Subject Sample 01:53

3.000Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.200Subject Sample 01:56

2.347Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1505/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:13

Tallahassee PD

NORTHWAY,G

07/05/2018

14816080A3

Tallahassee PD

EVERETT,MATTHEW,A

WALLS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.162Subject Sample 03:20

1.492Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.156Subject Sample 03:23

1.390Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3705/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:47

Tallahassee PD

NORTHWAY,G

07/05/2018

14816080A3

Tallahassee PD

JOHNSON,M,

WELLS

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.123Subject Sample 03:43

2.140Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.124Subject Sample 03:46

2.031Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:4605/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:15

FL State University

SHERER,DANIEL

07/05/2018

14816080A3

FL State University

SHERER,DANIEL,W

MILLER

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.079Control Test 05:01

0.000Air Blank 05:01

# 1Subject Sample 05:04 No Sample Provided

0.000Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2Subject Sample 05:07 Subject Test Refused

0.000Breath Volume 05:07

0.000Air Blank 05:07

0.078Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5505/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:37

Tallahassee PD

HUNKIAR,R

07/05/2018

14816080A3

Tallahassee PD

RUSCITTO,C,E

STEWART

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.077Control Test 22:30

0.000Air Blank 22:30

# 1 0.295Subject Sample 22:31

1.550Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:33

# 2 0.293Subject Sample 22:34

2.828Breath Volume 22:34

0.000Air Blank 22:35

0.077Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:0905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:11

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

GILBERT

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.078Control Test 05:17

0.000Air Blank 05:18

# 1 0.196Subject Sample 05:18

2.144Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.191Subject Sample 05:21

1.304Breath Volume 05:21

0.000Air Blank 05:22

0.078Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:1605/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:32

Tallahassee PD

THOMPSON,JEFFREY

07/05/2018

14816080A3

Tallahassee PD

THOMPSON,JEFFREY,A

AMIDON

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.078Control Test 22:27

0.000Air Blank 22:28

# 1 0.206Subject Sample 22:28

2.765Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.217Subject Sample 22:31

4.320Breath Volume 22:31

0.000Air Blank 22:32

0.078Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4205/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:15

FL State University

VARNER,TYLER

07/05/2018

14816080A3

FL State University

DEGRAW,JACK,D

PAULSEN

05/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:55

# 1 0.262Subject Sample 00:57

2.140Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.261Subject Sample 01:00

2.152Breath Volume 01:00

0.000Air Blank 01:00

0.076Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/07/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:0305/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

12:46

FHP Troop A

BARGE,SUSAN

02/05/2019

34416080A2

FHP Troop A

BARGE,SUSAN,M

VICKERY

05/02/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:04

0.000Air Blank 14:04

0.081Control Test 14:05

0.000Air Blank 14:05

# 1Subject Sample 14:08 No Sample Provided

0.000Breath Volume 14:08

0.000Air Blank 14:09

0.000Air Blank 14:11

# 2Subject Sample 14:11 Subject Test Refused

0.000Breath Volume 14:11

0.000Air Blank 14:12

0.081Control Test 14:12

0.000Air Blank 14:12

OKDiagnostics Check 14:13

Data Download Date/Time: 06/03/2017 16:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001118CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:0905/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:55

FHP Troop A

BARGE,SUSAN

02/05/2019

34416080A2

FHP Troop A

BARGE,SUSAN,M

PINEDA

05/02/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:17

# 1 0.243Subject Sample 20:17

3.410Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.247Subject Sample 20:21

2.222Breath Volume 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 06/03/2017 16:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:4905/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

17:30

FHP Troop D

ROBINSON,IVAN

06/08/2019

437738

FHP Troop D

RODRIGUEZ,DAILYN,

SCHAEFFER JR

04/01/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:32

0.000Air Blank 18:33

0.080Control Test 18:33

0.000Air Blank 18:34

# 1 0.107Subject Sample 18:34

2.335Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:36

# 2 0.103Subject Sample 18:37

1.527Breath Volume 18:37

0.000Air Blank 18:37

0.080Control Test 18:38

0.000Air Blank 18:38

OKDiagnostics Check 18:38

Data Download Date/Time: 05/23/2017 11:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001119CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:0305/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:11

FHP Troop D

KEELING,JUSTIN

06/08/2019

437738

FHP Troop D

KEELING,JUSTIN,T

DISHONG

05/23/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.079Control Test 21:08

0.000Air Blank 21:08

# 1Subject Sample 21:10 Sequence Aborted

0.000Breath Volume 21:10

0.000Air Blank 21:11

Data Download Date/Time: 06/13/2017 11:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:1005/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:58

FHP Troop E

ROCA,LUIS

03/30/2019

366849

FHP Troop E

ROCA,LUIS,C

MOBLEY

05/01/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

# 1 0.359Subject Sample 22:12

1.152Breath Volume 22:12

Air Blank 22:13 Purge Fail

Air Blank 22:14 Purge Fail

Data Download Date/Time: 06/02/2017 13:59

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2405/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:58

FHP Troop E

ROCA,LUIS

03/30/2019

366849

FHP Troop E

ROCA,LUIS,C

MOBLEY

05/01/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.031Control Test 22:16 Control Outside Tolerance

0.000Air Blank 22:17

Data Download Date/Time: 06/02/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:58

FHP Troop E

ROCA,LUIS

03/30/2019

366849

FHP Troop E

ROCA,LUIS,C

MOBLEY

05/01/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.046Control Test 22:19 Control Outside Tolerance

0.000Air Blank 22:20

Data Download Date/Time: 06/02/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:55:1605/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

12:00

11:00

FHP Troop E

ROCA,LUIS

03/30/2019

366849

FHP Troop E

ROCA,LUIS,C

SAMPLE

05/01/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:49

0.000Air Blank 12:49

0.080Control Test 12:50

0.000Air Blank 12:50

# 1 0.000Subject Sample 12:51

1.285Breath Volume 12:51

0.000Air Blank 12:51

0.000Air Blank 12:53

# 2 0.000Subject Sample 12:53

1.753Breath Volume 12:53

0.000Air Blank 12:54

0.078Control Test 12:54

0.000Air Blank 12:55

OKDiagnostics Check 12:55

Data Download Date/Time: 06/02/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3405/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:41

Polk County SO

LUCAS,NATHANIEL

10/05/2017

24515080A3

Polk County SO

LUCAS,NATHANIEL,

WILLIAMS

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.153Subject Sample 00:45

2.007Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.163Subject Sample 00:49

1.386Breath Volume 00:49

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:3305/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:26

Polk County SO

CHRISTELLO,CLIFFORD

10/05/2017

24515080A3

Polk County SO

CHRISTELLO,CLIFFORD,A

CHILDERS

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

# 1 0.000Subject Sample 03:00

1.960Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.000Subject Sample 03:04

2.613Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:0705/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:05

Polk County SO

CHRISTELLO,CLIFFORD

10/05/2017

24515080A3

Polk County SO

CHRISTELLO,CLIFFORD,A

MARTINEZ

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:41

0.000Air Blank 19:41

# 1 0.066Subject Sample 19:43

2.144Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.063Subject Sample 19:46

1.332Breath Volume 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:4505/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

21:46

FHP Troop C

FORD,MICHAEL

10/05/2017

24515080A3

FHP Troop C

FORD,MICHAEL,A

HONEYCUTT

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

# 1Subject Sample 22:59 Subject Test Refused

0.000Breath Volume 22:59

0.000Air Blank 22:59

0.080Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1305/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:01

Polk County SO

CHRISTELLO,CLIFFORD

10/05/2017

24515080A3

Polk County SO

CHRISTELLO,CLIFFORD,A

DUREN

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.230Subject Sample 03:24

1.109Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.225Subject Sample 03:27

2.175Breath Volume 03:27

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4605/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:50

Polk County SO

SYKES,STEVEN

10/05/2017

24515080A3

Polk County SO

SYKES,STEVEN,R

REYES

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

# 1 0.149Subject Sample 03:37

1.945Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.149Subject Sample 03:40

2.046Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:4105/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

04:45

Polk County SO

LAWES,ERIC

10/05/2017

24515080A3

Polk County SO

LAWES,ERIC,

ROUTH

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:32

# 1 0.149Subject Sample 05:33

2.335Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.145Subject Sample 05:36

2.679Breath Volume 05:36

0.000Air Blank 05:36

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:1205/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:31

Polk County SO

CHRISTELLO,CLIFFORD

10/05/2017

24515080A3

Polk County SO

CHRISTELLO,CLIFFORD,A

EBERLING

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:44

# 1 0.227Subject Sample 22:45

2.679Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:47

# 2 0.216Subject Sample 22:48

2.105Breath Volume 22:48

0.000Air Blank 22:49

0.079Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:3305/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

01:03

Polk County SO

VIERA,EMMANUEL

10/05/2017

24515080A3

Lake Wales PD

BOOHER,JOY,S

PEREZ-RODRIGUEZ

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

# 1 0.144Subject Sample 03:52

1.347Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:54

# 2 0.135Subject Sample 03:56

1.632Breath Volume 03:56

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:5105/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:27

Polk County SO

LUCAS,NATHANIEL

10/05/2017

24515080A3

Polk County SO

LUCAS,NATHANIEL,

SANCHEZ

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:19

0.079Control Test 18:19

0.000Air Blank 18:19

# 1 0.226Subject Sample 18:21

1.445Breath Volume 18:21

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.215Subject Sample 18:25

1.328Breath Volume 18:25

0.000Air Blank 18:25

0.078Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2705/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:02

FHP Troop C

COSTALES,ALEXANDRO

10/05/2017

24515080A3

FHP Troop C

COSTALES,ALEXANDRI,

VICENT

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

# 1 0.143Subject Sample 03:12

1.667Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.148Subject Sample 03:16

2.316Breath Volume 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:44:5905/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

05:40

Polk County SO

HIGGINBOTHAM,JACK

10/05/2017

24515080A3

Polk County SO

PITTS,JAMES,J

POLEGA

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:30

0.000Air Blank 07:31

0.078Control Test 07:31

0.000Air Blank 07:31

# 1 0.171Subject Sample 07:34

1.648Breath Volume 07:34

0.000Air Blank 07:34

0.000Air Blank 07:36

# 2 0.181Subject Sample 07:39 Volume Not Met

0.117Breath Volume 07:39

0.000Air Blank 07:40

0.000Air Blank 07:42

# 3 0.186Subject Sample 07:43

1.113Breath Volume 07:43

0.000Air Blank 07:44

0.078Control Test 07:44

0.000Air Blank 07:44

OKDiagnostics Check 07:44

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:3005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:41

Polk County SO

LUCAS,NATHANIEL

10/05/2017

24515080A3

Polk County SO

LUCAS,NATHANIEL,

COIMBRE

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:30

0.000Air Blank 17:31

0.080Control Test 17:31

0.000Air Blank 17:32

# 1 0.236Subject Sample 17:32

1.445Breath Volume 17:32

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.225Subject Sample 17:36

1.515Breath Volume 17:36

0.000Air Blank 17:36

0.079Control Test 17:36

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1005/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:52

Polk County SO

CHRISTELLO,CLIFFORD

10/05/2017

24515080A3

Polk County SO

CHRISTELLO,CLIFFORD,A

CALDWELL

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.079Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:2705/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:20

Polk County SO

WARREN,BILLY

10/05/2017

24515080A3

Polk County SO

WARREN,BILLY,J

TROYAN

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

# 1 0.162Subject Sample 21:44

2.460Breath Volume 21:44

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.153Subject Sample 21:46

2.679Breath Volume 21:46

0.000Air Blank 21:47

0.079Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4105/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:04

Polk County SO

LUCAS,NATHANIEL

10/05/2017

24515080A3

Polk County SO

LUCAS,NATHANIEL,

MCMENEMY

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

# 1 0.158Subject Sample 02:20

1.941Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.151Subject Sample 02:23

1.847Breath Volume 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:0305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:26

Polk County SO

GEE,WESTON

10/05/2017

24515080A3

FHP Troop C

LUCAS,NATHANIEL,

NELSON

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:46

# 1Subject Sample 20:50 No Sample Provided

0.000Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:53

0.080Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:54

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:5305/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:45

Polk County SO

EARLS,CHRISTIAN

10/05/2017

24515080A3

FFWCC (Lakeland)

PHILLIPS,JORDAN,W

MACKLIN

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

# 1Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:4905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:45

16:36

FFWCC (Lakeland)

BROOKS,JOSEPH

10/05/2017

24515080A3

FFWCC (Lakeland)

BROOKS,JOSEPH,P

WARREN

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 17:43

0.000Air Blank 17:43

0.079Control Test 17:44

0.000Air Blank 17:44

# 1 0.077Subject Sample 17:45

1.699Breath Volume 17:45

0.000Air Blank 17:46

0.000Air Blank 17:47

# 2 0.076Subject Sample 17:48

1.699Breath Volume 17:48

0.000Air Blank 17:48

0.078Control Test 17:49

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001127CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3905/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:46

Polk County SO

SINCLAIR,CAMERON

10/05/2017

24515080A3

Polk County SO

SINCLAIR,CAMERON,W

PORTOBANCO

05/09/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:44

0.000Air Blank 21:44

# 1 0.234Subject Sample 21:45

3.332Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.225Subject Sample 21:48

2.929Breath Volume 21:48

0.000Air Blank 21:48

0.079Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 06/06/2017 10:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001129CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4505/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:46

FHP Troop G

WILLIAMS,TIFFANY

02/05/2018

01316080A2

FHP Troop G

WILLIAMS,TIFFANY,R

STALEY

04/30/2017

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.205Subject Sample 22:07

2.121Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 2 0.201Subject Sample 22:10

2.027Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 06/01/2017 02:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:3205/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:51

Volusia County SO

NEALIS,JACOB

12/10/2018

203498

Volusia County SO

MYERS,MATTHEW,A

ALTMAN

05/23/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1 0.262Subject Sample 03:48

1.148Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.229Subject Sample 03:53 Slope Not Level

1.339Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 3 0.252Subject Sample 03:57

1.781Breath Volume 03:57

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 06/20/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


