
80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:4406/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:12

Ft. Walton Beach PD

MARTIN,JAMES

08/05/2018

17316080A2

Ft. Walton Beach PD

MARTIN,JAMES,E

GRAY

05/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:01

0.078Control Test 06:01

0.000Air Blank 06:01

# 1Subject Sample 06:02 Subject Test Refused

0.000Breath Volume 06:02

0.000Air Blank 06:02

0.079Control Test 06:03

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 06/30/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4806/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:20

Ft. Walton Beach PD

WEST,PRESTON

08/05/2018

17316080A2

Ft. Walton Beach PD

CHISHOLM,RYAN,D

MACDANIEL

05/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

# 1 0.162Subject Sample 01:14

1.746Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.159Subject Sample 01:19

1.222Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 06/30/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1706/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:48

Ft. Walton Beach PD

ROBERSON,GABRIEL

08/05/2018

17316080A2

Ft. Walton Beach PD

ROBERSON,GABRIEL,A

YOUNGBLOOD

05/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

# 1 0.165Subject Sample 04:29

1.613Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.162Subject Sample 04:32

1.203Breath Volume 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 06/30/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3706/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

23:30

Ft. Walton Beach PD

ACEVEDO,JELANI

08/05/2018

17316080A2

Hurlburt Field PD

WOLL,MICHAEL,T

MCROBERTS

05/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.078Control Test 01:30

0.000Air Blank 01:30

# 1 0.177Subject Sample 01:31

2.019Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.176Subject Sample 01:34

3.355Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 06/30/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:5506/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:22

Ft. Walton Beach PD

MARTIN,JAMES

08/05/2018

17316080A2

Ft. Walton Beach PD

MARTIN,JAMES,E

MEJIA

05/30/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:11

0.079Control Test 06:12

0.000Air Blank 06:12

# 1 0.208Subject Sample 06:13

4.339Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.193Subject Sample 06:17

3.757Breath Volume 06:17

0.000Air Blank 06:18

0.080Control Test 06:18

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 06/30/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5406/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:38

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

JONES

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:18 No Sample Provided

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.186Subject Sample 01:21

2.605Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 3 0.180Subject Sample 01:24

1.824Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1906/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:48

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

NUNNS

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.124Subject Sample 01:36

2.355Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.119Subject Sample 01:39

2.187Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:1006/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:32

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

THORSEN

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:08

0.000Air Blank 23:08

# 1Subject Sample 23:11 No Sample Provided

0.000Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2Subject Sample 23:14 Subject Test Refused

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0006/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:19

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

FEARS

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

# 1Subject Sample 02:13 No Sample Provided

0.000Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:2006/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:30

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

JOYCE

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:12

# 1Subject Sample 05:14 Subject Test Refused

0.000Breath Volume 05:14

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3606/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:51

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

MITCHELL

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.210Subject Sample 01:34

3.589Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.212Subject Sample 01:37

3.445Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1906/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:41

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

KIZER

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.147Subject Sample 04:37 Slope Not Level

1.785Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.146Subject Sample 04:41

3.546Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 3 0.138Subject Sample 04:45

2.972Breath Volume 04:45

0.000Air Blank 04:46

0.080Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:53

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

RANEY

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

# 1Subject Sample 04:54 No Sample Provided

0.000Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.059Subject Sample 05:00 Volume Not Met

0.292Breath Volume 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:1206/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:53

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

RANEY

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

# 1 0.064Subject Sample 05:05

1.125Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.054Subject Sample 05:11 Volume Not Met

0.519Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 3 0.064Subject Sample 05:16

1.566Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:1706/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:41

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

SERGIO

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.180Subject Sample 00:22

2.312Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.155Subject Sample 00:25

1.234Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 3 0.173Subject Sample 00:28

2.597Breath Volume 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:2806/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:59

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

MANGUS

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:40

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0306/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:39

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

SMITH

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

Air Blank 03:24 RFI Detect

0.000Air Blank 03:25

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0706/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:39

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

SMITH

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:28 Subject Test Refused

0.000Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:5606/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

16:45

Largo PD

COOK,ROBERT

01/05/2019

32316080A3

Largo PD

COOK,ROBERT,C

DOLL

05/10/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:42

0.000Air Blank 17:43

0.080Control Test 17:43

0.000Air Blank 17:44

# 1 0.201Subject Sample 17:47 Volume Not Met

0.054Breath Volume 17:47

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.230Subject Sample 17:50

1.855Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:53

# 3 0.216Subject Sample 17:53

1.375Breath Volume 17:53

0.000Air Blank 17:54

0.079Control Test 17:54

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 06/14/2017 19:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:0306/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:34

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

KUHLMEYER

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

# 1Subject Sample 22:24 Subject Test Refused

0.000Breath Volume 22:24

0.000Air Blank 22:25

0.080Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:26

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5306/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:47

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

MESSERLY

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:30

# 1 0.202Subject Sample 21:30

3.722Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.198Subject Sample 21:33

3.101Breath Volume 21:33

0.000Air Blank 21:33

0.078Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1006/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:31

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

HURLEY

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1 0.136Subject Sample 01:18

1.968Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.142Subject Sample 01:21

3.199Breath Volume 01:21

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5006/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:42

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

COTTO

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:24 Subject Test Refused

0.000Breath Volume 02:24

0.000Air Blank 02:24

0.081Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:2506/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:03

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

RAINEY

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:58

# 1Subject Sample 05:02 No Sample Provided

0.000Breath Volume 05:02

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:1506/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:24

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

LEDWITH

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:14

# 1 0.000Subject Sample 22:17 Volume Not Met

0.019Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2Subject Sample 22:22 No Sample Provided

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.078Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2906/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:36

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

BANNISTER

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1 0.215Subject Sample 04:14

3.792Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.215Subject Sample 04:17

3.027Breath Volume 04:17

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:3106/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:20

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

VAUGHN

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:2706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:53

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

MAMIDIPALLY

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.143Subject Sample 02:37

1.648Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.135Subject Sample 02:41

2.785Breath Volume 02:41

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0406/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:07

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ROBINSON

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

# 1 0.097Subject Sample 04:45

2.019Breath Volume 04:45

Air Blank 04:45 Improper Sample

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4806/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:07

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ROBINSON

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:49

# 1 0.093Subject Sample 04:50

1.843Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.094Subject Sample 04:53

1.648Breath Volume 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0306/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:14

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

MARINO

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.080Control Test 04:59

0.000Air Blank 04:59

# 1Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:49:0506/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:27

14:56

Largo PD

ASBURY,C

01/05/2019

32316080A3

Largo PD

BALDIE,B,A

WAGNER

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

Air Blank 15:48 RFI Detect

0.000Air Blank 15:49

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:4306/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:27

14:56

Largo PD

ASBURY,C

01/05/2019

32316080A3

Largo PD

BALDIE,BRYAN,A

WAGNER

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:53

0.000Air Blank 15:53

0.080Control Test 15:54

0.000Air Blank 15:54

# 1Subject Sample 15:55 Subject Test Refused

0.000Breath Volume 15:55

0.000Air Blank 15:55

0.081Control Test 15:56

0.000Air Blank 15:56

OKDiagnostics Check 15:56

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3206/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:04

Largo PD

COOK,ROBERT

01/05/2019

32316080A3

Largo PD

COOK,ROBERT,C

NICHOLSON

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.228Subject Sample 01:50

2.285Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.212Subject Sample 01:53

1.562Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:3006/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:57

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

SHUEY

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1 0.074Subject Sample 21:45

2.367Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.073Subject Sample 21:48

2.304Breath Volume 21:48

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:2106/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:57

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

GODINEZ GUERRERO

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:42

# 1 0.159Subject Sample 22:44

1.277Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.160Subject Sample 22:48

1.660Breath Volume 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:0206/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:33

Largo PD

GOSIER,MATTHEW

01/05/2019

32316080A3

Largo PD

GOSIER,MATTHEW,D

BIGELOW

06/14/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

# 1 0.182Subject Sample 20:18

4.781Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.169Subject Sample 20:21

2.949Breath Volume 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:23

Data Download Date/Time: 07/05/2017 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000228CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1906/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:57

Hernando County SO

COCHRANE,AARON

07/05/2016

16014080A2

Hernando County SO

COCHRANE,AARON,M

CIAMPI

06/13/2017

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.000Control Test 02:30 Control Outside Tolerance

0.000Air Blank 02:31

Data Download Date/Time: 07/19/2017 21:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:0606/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:45

Eglin AFB PD

CARRETE,MICHAEL

06/22/2017

1698962

Eglin AFB PD

MATHRE,PETER,M

ELIAS PEREZ

05/01/2017

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.080Control Test 05:50

0.000Air Blank 05:50

# 1 0.217Subject Sample 05:52

2.738Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.208Subject Sample 05:55

1.800Breath Volume 05:55

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 06/16/2017 02:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:1506/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:00

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

BARUTH

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:14

0.000Air Blank 01:14

# 1 0.000Subject Sample 01:15

2.250Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.000Subject Sample 01:17

1.968Breath Volume 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:3506/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

17:14

FHP Troop B

BAKER,MARK

06/08/2017

437738

FHP Troop B

BAKER,MARK,J

BREIDUNG

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:45

0.081Control Test 18:46

0.000Air Blank 18:46

# 1 0.000Subject Sample 18:48

1.742Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.000Subject Sample 18:52

1.441Breath Volume 18:52

0.000Air Blank 18:52

0.080Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4806/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:20

Belleview PD

HARRINGTON,ALEX

06/08/2019

437738

Belleview PD

HARRINGTON,ALEX,M

GRAY

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:07

# 1Subject Sample 00:11 No Sample Provided

0.000Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:3906/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:34

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

GUERRANT

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.081Control Test 03:36

0.000Air Blank 03:36

# 1 0.227Subject Sample 03:37

3.847Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.224Subject Sample 03:39

3.027Breath Volume 03:39

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1906/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:21

Marion County SO

PETERSON,KIP

06/08/2019

437738

Marion County SO

PETERSON,KIP,J

VORHERR

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

# 1 0.271Subject Sample 02:21

1.632Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.281Subject Sample 02:24

1.378Breath Volume 02:24

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:3306/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

08:32

FHP Troop B

DELRUSSO,CHRISTOPHER

06/08/2019

437738

FHP Troop B

DELRUSSO,CHRISTOPHER,M

LOPEZ-HERNANDEZ

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.081Control Test 21:44

0.000Air Blank 21:45

# 1 0.212Subject Sample 21:46

1.738Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.215Subject Sample 21:48

2.023Breath Volume 21:48

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0506/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:53

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

MAXFIELD

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.088Subject Sample 03:52

1.531Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.089Subject Sample 03:55

1.308Breath Volume 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2306/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:31

Marion County SO

MUNDORFF,TERRY

06/08/2019

437738

Marion County SO

MUNDORFF,TERRY,D

KING

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.163Subject Sample 02:09

3.570Breath Volume 02:09

Air Blank 02:09 Purge Fail

0.000Air Blank 02:10

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0806/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:31

Marion County SO

MUNDORFF,TERRY

06/08/2019

437738

Marion County SO

MUNDORFF,TERRY,D

KING

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

# 1 0.166Subject Sample 02:15

1.652Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.148Subject Sample 02:18

1.550Breath Volume 02:18

0.000Air Blank 02:19

0.078Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:0806/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:47

FHP Troop B

FENANDEZ,ALAIN

06/08/2019

437738

FHP Troop B

FERNANDEZ,ALAIN,

MENDENHALL

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.204Subject Sample 04:19 Volume Not Met

1.097Breath Volume 04:19

Air Blank 04:20 Purge Fail

0.000Air Blank 04:21

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4206/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:05

Ocala PD

MORALES,PABLO

11/05/2017

1766638

Ocala PD

MELENDEZ,CARLOS,J

MELENDEZ

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.082Control Test 04:56

0.000Air Blank 04:56

# 1 0.166Subject Sample 04:58

2.140Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.163Subject Sample 05:00

1.691Breath Volume 05:00

0.000Air Blank 05:01

0.076Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4106/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:44

FHP Troop B

SOUZA,MAYKOLL

06/08/2019

437738

FHP Troop B

NORRELL,DEVIN,E

NORRELL

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

# 1 0.085Subject Sample 02:40

2.246Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.077Subject Sample 02:43

1.699Breath Volume 02:43

0.000Air Blank 02:43

0.081Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:4206/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:45

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

SMITH

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

# 1 0.171Subject Sample 20:53

1.886Breath Volume 20:53

Air Blank 20:54 RFI Detect

0.000Air Blank 20:54

0.081Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5706/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:45

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

SMITH

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

# 1 0.181Subject Sample 20:59

1.484Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:01

# 2 0.183Subject Sample 21:03

1.238Breath Volume 21:03

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:5306/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:18

Marion County SO

LOCKHART,JESSE

06/08/2019

1766638

Marion County SO

LOCKHART,JESSE,J

SHERBONEAU

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1 0.239Subject Sample 21:16

1.484Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:18

# 2 0.212Subject Sample 21:19

1.425Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:21

# 3 0.239Subject Sample 21:22

2.605Breath Volume 21:22

0.000Air Blank 21:22

0.078Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4506/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:31

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

ROBERSON

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

# 1 0.194Subject Sample 03:27

1.910Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.195Subject Sample 03:30

2.078Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 06/27/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3806/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:12

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

CLARK

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.057Subject Sample 02:23

2.468Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.060Subject Sample 02:26

2.835Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:14

FHP Troop B

BAKER,MARK

06/08/2019

437738

FHP Troop B

BAKER,MARK,J

BOWERS

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.228Subject Sample 02:49

1.210Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.221Subject Sample 02:53

2.109Breath Volume 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3306/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:28

Marion County SO

SUTLIFF,NICHOLAS

06/08/2019

437738

Marion County SO

SUTLIFF,NICHOLAS,D

WHALEY

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.219Subject Sample 04:17

2.238Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 3 0.212Subject Sample 04:20

1.656Breath Volume 04:20

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:4206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:11

FHP Troop B

DELRUSSO,CHRISTOPHER

06/08/2019

437738

FHP Troop B

DELRUSSO,CHRISTOPHER,M

SANCHEZ IRIZARRY

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:19

0.000Air Blank 19:20

0.081Control Test 19:20

0.000Air Blank 19:20

# 1 0.167Subject Sample 19:22

1.308Breath Volume 19:22

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.182Subject Sample 19:25

2.371Breath Volume 19:25

0.000Air Blank 19:25

0.080Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2706/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:53

Marion County SO

REED,R

06/08/2019

437738

Marion County SO

RENDALL,ADAM,E

BOX

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.201Subject Sample 02:24

3.511Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.198Subject Sample 02:27

3.664Breath Volume 02:27

0.000Air Blank 02:28

0.076Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:58

FHP Troop B

DOBOSIEWICZ,ANTHONY

06/08/2019

437738

FHP Troop B

DOBOSIEWICZ,ANTHONY,N

HAWKINS

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.082Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:12

Marion County SO

MILLER,GARY

06/08/2019

437738

Marion County SO

MILLER,GARY,A

RHINESMITH

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.015Subject Sample 02:58

1.863Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.014Subject Sample 03:01

1.941Breath Volume 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3406/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

10:26

FHP Troop B

NICK,TIMOTHY

11/05/2017

1766638

FHP Troop B

NICK,TIMOTHY,E

ZURNIEDEN

05/25/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.081Control Test 23:43

0.000Air Blank 23:43

# 1 0.121Subject Sample 23:45

1.281Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.112Subject Sample 23:48

1.417Breath Volume 23:48

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/27/2017 12:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4506/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:08

Jackson County SO

MITCHELL,JOHN

06/15/2019

461951

Jackson County SO

COWAN,RICHARD,T

CLARK

06/06/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.080Control Test 22:12

0.000Air Blank 22:12

# 1Subject Sample 22:13 Sequence Aborted

0.000Breath Volume 22:13

0.000Air Blank 22:13

Data Download Date/Time: 07/20/2017 20:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2806/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:08

Jackson County SO

MITCHELL,JOHN

06/15/2019

461951

Jackson County SO

COWAN,RICHARD,T

CLARK

06/06/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:42

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/20/2017 20:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:03:1106/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:23

07:35

Alachua County SO

VERNET,W

11/05/2018

26316080A2

Alachua County SO

PETTIT,JOSHUA,S

CAMPBELL

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:55

0.000Air Blank 09:56

0.079Control Test 09:56

0.000Air Blank 09:57

# 1 0.157Subject Sample 09:57

1.777Breath Volume 09:57

0.000Air Blank 09:58

0.000Air Blank 10:00

# 2 0.156Subject Sample 10:01

2.515Breath Volume 10:01

0.000Air Blank 10:02

0.079Control Test 10:02

0.000Air Blank 10:03

OKDiagnostics Check 10:03

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:4206/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:27

FHP Troop B

VISMAN,CLAYTON

11/05/2018

26316080A2

FHP Troop B

VISMAN,CLAYTON,A

KARMAZYN

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

# 1 0.192Subject Sample 21:35 Volume Not Met

0.558Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:37

# 2 0.170Subject Sample 21:41 Volume Not Met

0.066Breath Volume 21:41

0.000Air Blank 21:41

0.081Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3506/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:27

FHP Troop B

VISMAN,CLAYTON

11/05/2018

26316080A2

FHP Troop B

VISMAN,CLAYTON,A

KARMAZYN

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.078Control Test 21:49

0.000Air Blank 21:49

# 1 0.163Subject Sample 21:50

1.445Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.192Subject Sample 21:54

2.644Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 3 0.176Subject Sample 21:57

1.218Breath Volume 21:57

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:1506/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

05:50

FHP Troop B

VISMAN,CLAYTON

11/05/2018

26316080A2

FHP Troop B

VISMAN,CLAYTON,A

PALMER

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.079Control Test 06:56

0.000Air Blank 06:56

# 1 0.167Subject Sample 06:57

1.886Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 06:59

# 2 0.165Subject Sample 07:00

1.441Breath Volume 07:00

0.000Air Blank 07:01

0.080Control Test 07:01

0.000Air Blank 07:02

OKDiagnostics Check 07:02

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:55

Gainesville PD

WENDT,HENDRIK

11/05/2018

26316080A2

Gainesville PD

FUNDENBURG,TRACY,C

MORRISON

05/24/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 06/19/2017 10:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3806/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:10

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

ASTROLOGO

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:28

# 1Subject Sample 04:29 RFI Detect

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:1906/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:10

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

ASTROLOGO

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

# 1 0.091Subject Sample 04:34

2.710Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.094Subject Sample 04:37

2.875Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5906/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:15

FHP Troop B

SABO,JESSICA

11/05/2018

26316080A2

FHP Troop B

SABO,JESSICA,L

WESTON

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.079Control Test 20:31

0.000Air Blank 20:31

# 1 0.189Subject Sample 20:32

1.984Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:34

# 2 0.189Subject Sample 20:35

2.460Breath Volume 20:35

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:0206/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:30

Gainesville PD

SALAFRIO,JACK

11/05/2018

26316080A2

Gainesville PD

BOSTICK,JESSE,W

JOHNSON

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:27

# 1 0.165Subject Sample 00:29

1.937Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.144Subject Sample 00:33

1.679Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 3 0.142Subject Sample 00:36

1.453Breath Volume 00:36

0.000Air Blank 00:37

0.077Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:38

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3306/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

18:40

Alachua County SO

HUNT,CHARLES

11/05/2018

26316080A2

Alachua County SO

HUNT,CHARLES,R

DICKERSON

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.079Control Test 20:06

0.000Air Blank 20:07

# 1 0.128Subject Sample 20:08

1.296Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.135Subject Sample 20:13

2.468Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:2606/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:23

FHP Troop B

SCHRADER,WILLIAM

11/05/2018

26316080A2

FHP Troop B

SCHRADER,WILLIAM,F

JONES

06/19/2017

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.282Subject Sample 22:32

2.746Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.283Subject Sample 22:35

2.808Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 07/17/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:0206/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:43

Okaloosa County SO

HAGGAN,WESLEY

12/30/2019

666491

Okaloosa County SO

HAGGAN,WESLEY,A

WILKINSON

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.082Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:44

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5706/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:42

Okaloosa County SO

HERRMANN,JOSEPH

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

REICHARD

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.081Control Test 23:41

0.000Air Blank 23:41

# 1Subject Sample 23:44 Sequence Aborted

0.000Breath Volume 23:44

0.000Air Blank 23:44

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:51:1706/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:19

06:52

Okaloosa County SO

CLAUSNER,ALEXANDRA

12/30/2019

666491

Okaloosa County SO

NAYLOR,ROBERT,D

WOOD

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:47

0.000Air Blank 07:47

0.081Control Test 07:47

0.000Air Blank 07:48

# 1Subject Sample 07:49 Subject Test Refused

0.000Breath Volume 07:49

0.000Air Blank 07:50

0.081Control Test 07:50

0.000Air Blank 07:51

OKDiagnostics Check 07:51

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5206/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:25

Okaloosa County SO

WILLIAMS,DANIEL

12/30/2019

666491

Okaloosa County SO

HAGGAN,WESLEY,A

BROWN

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:53

# 1 0.218Subject Sample 20:54

1.289Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:56

# 2 0.178Subject Sample 20:57

2.300Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 3 0.197Subject Sample 21:02

3.007Breath Volume 21:02

0.000Air Blank 21:02

0.076Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:1206/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:45

Okaloosa County SO

O'SULLIVAN,MARCUS

12/30/2019

666491

Okaloosa County SO

OSULLIVAN,MARCUS,A

POOLE

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:48

# 1 0.200Subject Sample 04:49

5.136Breath Volume 04:49

Air Blank 04:49 RFI Detect

0.000Air Blank 04:50

0.081Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:1506/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:45

Okaloosa County SO

O'SULLIVAN,MARCUS

12/30/2019

666491

Okaloosa County SO

OSULLIVAN,MARCUS,A

POOLE

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.201Subject Sample 04:57

3.816Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.201Subject Sample 05:00

4.644Breath Volume 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:1506/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:08

16:42

Okaloosa County SO

CULBERSON,DARYL

12/30/2019

666491

Okaloosa County SO

KIMBRIL,JOSHUA,B

BIBB

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:28

0.000Air Blank 18:28

0.080Control Test 18:29

0.000Air Blank 18:29

# 1 0.246Subject Sample 18:30

3.000Breath Volume 18:30

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.238Subject Sample 18:33

2.472Breath Volume 18:33

0.000Air Blank 18:34

0.080Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 07/28/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:2406/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

18:26

Okaloosa County SO

SPEAKMAN,ROBERT

12/30/2019

666491

Okaloosa County SO

SPEAKMAN,ROBERT,J

ADAMS

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.080Control Test 19:47

0.000Air Blank 19:47

# 1Subject Sample 19:48 Subject Test Refused

0.000Breath Volume 19:48

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:0206/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:24

Okaloosa County SO

KIMBRIL,JOSHUA

12/30/2019

666491

Okaloosa County SO

KIMBRIL,JOSHUA,B

GRAHAM

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

# 1 0.107Subject Sample 00:03

1.820Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.097Subject Sample 00:06

1.230Breath Volume 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:08

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2306/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:25

Okaloosa County SO

O'SULLIVAN,MARCUS

12/30/2019

666491

Okaloosa County SO

O'SULLIVAN,MARCUS,A

CROSBY

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:24

# 1 0.170Subject Sample 05:25

3.636Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.178Subject Sample 05:28

4.253Breath Volume 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:2206/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

19:19

FHP Troop A

SAWYER,DARRYL

12/30/2019

666491

FHP Troop A

SAWYER,DARRYL,B

THICKBROOM

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1 0.000Subject Sample 20:25

1.128Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.000Subject Sample 20:28

3.109Breath Volume 20:28

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:4906/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:30

Okaloosa County SO

HERRMANN,JOEY

12/30/2019

666491

Okaloosa County SO

FITCHETT,ADAM,R

ARELLANO

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:15 No Sample Provided

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2Subject Sample 04:18 Subject Test Refused

0.000Breath Volume 04:18

0.000Air Blank 04:18

0.081Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3606/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:15

FHP Troop A

STEINER,ZACHARY

12/30/2019

666491

FHP Troop A

STEINER,ZACHARY,A

SMITH

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:56

# 1 0.127Subject Sample 03:58

1.515Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.131Subject Sample 04:01

2.160Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:5606/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:05

Okaloosa County SO

LANE,AMANDA

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

BARTON

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:31

# 1Subject Sample 00:34 Sequence Aborted

0.000Breath Volume 00:34

0.000Air Blank 00:34

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2406/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:18

Okaloosa County SO

LANE,AMANDA

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

HERNANDEZ-SANCHEZ

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.257Subject Sample 23:29

1.578Breath Volume 23:29

Air Blank 23:29 Purge Fail

0.000Air Blank 23:30

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:1106/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:18

Okaloosa County SO

LANE,AMANDA

12/30/2019

666491

Okaloosa County SO

LANE,AMANDA,M

HERNANDEZ-SANCHEZ

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.078Control Test 23:32

0.000Air Blank 23:33

# 1 0.244Subject Sample 23:34

1.796Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.240Subject Sample 23:37

2.234Breath Volume 23:37

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:15:0306/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:47

09:32

Okaloosa County SO

HAND,GLENN

12/30/2019

666491

Okaloosa County SO

HAND,GLENN,H

BOWERS

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:08

0.000Air Blank 11:08

0.080Control Test 11:09

0.000Air Blank 11:09

# 1 0.160Subject Sample 11:10

3.226Breath Volume 11:10

0.000Air Blank 11:11

0.000Air Blank 11:12

# 2 0.158Subject Sample 11:13

3.023Breath Volume 11:13

0.000Air Blank 11:14

0.077Control Test 11:14

0.000Air Blank 11:14

OKDiagnostics Check 11:15

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:0306/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:01

13:34

Okaloosa County SO

HAND,GLENN

12/30/2019

666491

Okaloosa County SO

HAND,GLENN,H

SPITZNAGEL

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:22

0.000Air Blank 14:22

0.080Control Test 14:23

0.000Air Blank 14:23

# 1 0.290Subject Sample 14:24

1.761Breath Volume 14:24

0.000Air Blank 14:25

0.000Air Blank 14:26

# 2 0.290Subject Sample 14:27

1.824Breath Volume 14:27

0.000Air Blank 14:28

0.083Control Test 14:28

0.000Air Blank 14:28

OKDiagnostics Check 14:29

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:0706/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:11

Okaloosa County SO

BOWEN,NATHANIEL

12/30/2019

666491

Okaloosa County SO

BOWEN,NATHANIEL,L

MUNGEAM

06/01/2017

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 07/28/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:1506/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:22

17:20

Suwannee County SO

ROBERTS,TOMMY

04/05/2018

06616080A2

Suwannee County SO

TOMPKINS,CHARLES,P

HOWARD

05/30/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:51

0.077Control Test 17:52

0.000Air Blank 17:52

# 1Subject Sample 17:52 Subject Test Refused

0.000Breath Volume 17:52

0.000Air Blank 17:53

0.077Control Test 17:53

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 09/21/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:27:2206/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:50

13:50

Suwannee County SO

HENRY,MICHAEL

04/05/2018

06616080A2

Suwannee County SO

HENRY,MICHAEL,S

HACKER

05/30/2017

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:24

0.000Air Blank 14:24

0.078Control Test 14:25

0.000Air Blank 14:25

# 1Subject Sample 14:25 Subject Test Refused

0.000Breath Volume 14:25

0.000Air Blank 14:26

0.077Control Test 14:26

0.000Air Blank 14:27

OKDiagnostics Check 14:27

Data Download Date/Time: 09/21/2017 12:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5606/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

23:54

Hamilton County SO

GARMANY,TY

03/05/2019

03417080A1

Jennings PD

CURRY,WILLIAM,C

ROGERS

05/30/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:59 No Sample Provided

0.000Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 06/28/2017 02:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0906/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:03

FHP Troop B

MORGAN,NATHAN

03/05/2019

03417080A1

FHP Troop B

MORGAN,NATHAN,A

BURFITT

06/28/2017

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.149Subject Sample 02:23

4.121Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.149Subject Sample 02:26

4.113Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 07/31/2017 01:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0506/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

23:30

Santa Rosa County SO

SPENCER,RAYMOND

03/25/2018

AG608505

Santa Rosa County SO

SPENCER,RAYMOND,L

VANCE

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.081Control Test 23:21

0.000Air Blank 23:22

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:24

Data Download Date/Time: 07/01/2017 00:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1606/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:36

Santa Rosa County SO

CHAPMAN,MAVERICK

03/25/2018

AG608505

Santa Rosa County SO

CHAPMAN,MAVERICK,E

THORNTON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.082Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 07/01/2017 00:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:5806/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:12

Santa Rosa County SO

AVERY,BAILEY

03/25/2018

AG608505

Santa Rosa County SO

HOWTON,CARSON,H

KOEPPEN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.081Control Test 21:24

0.000Air Blank 21:25

# 1 0.136Subject Sample 21:28 Volume Not Met

0.164Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.137Subject Sample 21:32

1.593Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 3 0.131Subject Sample 21:37

1.441Breath Volume 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1306/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:17

Santa Rosa County SO

HARGITT,JOSHUA

03/25/2018

AG608505

Santa Rosa County SO

HARGITT,JOSHUA,J

HAYWOOD

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1 0.000Subject Sample 00:43

2.929Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.000Subject Sample 00:46

1.976Breath Volume 00:46

0.000Air Blank 00:47

0.082Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:1106/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:08

FHP Troop A

HENDRIX,TIMOTHY

03/25/2018

AG608505

FHP Troop A

HENDRIX,TIMOTHY,D

ROBINSON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

# 1 0.124Subject Sample 01:15

2.078Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.121Subject Sample 01:18

1.992Breath Volume 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:4706/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:19

Santa Rosa County SO

WHITFIELD,JASON

03/25/2018

AG608505

Santa Rosa County SO

WHITFIELD,JASON,R

SOLTYS

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:23

# 1 0.266Subject Sample 20:24

1.992Breath Volume 20:24

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.271Subject Sample 20:27

1.613Breath Volume 20:27

0.000Air Blank 20:27

0.080Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0306/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

22:57

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

WOLFE

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

# 1 0.000Subject Sample 00:14

2.148Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.000Subject Sample 00:17

1.843Breath Volume 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:19

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:4206/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:33

Santa Rosa County SO

MILLER,DANNY

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

KERRIGAN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

# 1Subject Sample 00:33 No Sample Provided

0.000Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2Subject Sample 00:39 No Sample Provided

0.000Breath Volume 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:0406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:24

Santa Rosa County SO

HOWTON,CARSON

03/25/2018

AG608505

Santa Rosa County SO

HOWTON,CARSON,H

BALDWIN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:18

0.000Air Blank 17:18

0.081Control Test 17:18

0.000Air Blank 17:19

# 1Subject Sample 17:19 Subject Test Refused

0.000Breath Volume 17:19

0.000Air Blank 17:20

0.080Control Test 17:20

0.000Air Blank 17:20

OKDiagnostics Check 17:21

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4306/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:00

Santa Rosa County SO

SCHOTSCH,RYAN

03/25/2018

AG608505

Santa Rosa County SO

SCHOTSCH,RYAN,A

DVORAK

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.082Control Test 00:14

0.000Air Blank 00:14

# 1 0.000Subject Sample 00:15

5.281Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.000Subject Sample 00:18

5.136Breath Volume 00:18

0.000Air Blank 00:18

0.082Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2306/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

FHP Troop A

HENDRIX,TIMOTHY

03/25/2018

AG608505

FHP Troop A

HENDRIX,TIMOTHY,D

MARTIN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.248Subject Sample 02:34

2.050Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.246Subject Sample 02:37

2.679Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4006/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:08

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

STONE

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:57

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.081Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2906/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:04

FHP Troop A

NOBLES,DARIUS

03/25/2018

AG608505

FHP Troop A

NOBLES,DARIUS,M

BURTTSCHELL

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

# 1Subject Sample 00:54 Subject Test Refused

0.000Breath Volume 00:54

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:3306/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:02

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

ASTIN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:56

# 1Subject Sample 22:57 Subject Test Refused

0.000Breath Volume 22:57

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:5906/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:14

Santa Rosa County SO

MOYE,JAMES

03/25/2018

AG608505

Santa Rosa County SO

MOYE,JAMES,M

HARRISON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.081Control Test 17:16

0.000Air Blank 17:17

# 1 0.000Subject Sample 17:17

2.750Breath Volume 17:17

0.000Air Blank 17:18

0.000Air Blank 17:20

# 2 0.000Subject Sample 17:20

3.167Breath Volume 17:20

0.000Air Blank 17:21

0.082Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:1906/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:36

Santa Rosa County SO

GOUGH,AARON

03/25/2018

AG608505

Santa Rosa County SO

GOUGH,AARON,S

MITCHELL

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:56

0.081Control Test 18:57

0.000Air Blank 18:57

# 1 0.000Subject Sample 18:58

1.656Breath Volume 18:58

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.000Subject Sample 19:01

2.312Breath Volume 19:01

0.000Air Blank 19:02

0.081Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0406/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

04:30

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

STONE

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:58

0.081Control Test 05:58

0.000Air Blank 05:59

# 1Subject Sample 06:02 No Sample Provided

0.000Breath Volume 06:02

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.071Subject Sample 06:06

1.984Breath Volume 06:06

0.000Air Blank 06:06

0.000Air Blank 06:08

# 3 0.083Subject Sample 06:11

4.894Breath Volume 06:11

0.000Air Blank 06:12

0.080Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:13

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0006/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:58

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

FLANIKEN

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.239Subject Sample 21:50

2.757Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:52

# 2 0.239Subject Sample 21:53

3.214Breath Volume 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:55

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2106/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:11

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

JONES

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.081Control Test 01:59

0.000Air Blank 02:00

# 1 0.227Subject Sample 02:02

2.351Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.228Subject Sample 02:05

1.484Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1406/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:01

Santa Rosa County SO

RICHMOND,BRENDAN

03/25/2018

AG608505

Santa Rosa County SO

RICHMOND,BRENDAN,B

HANSON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

# 1 0.228Subject Sample 03:08

1.125Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.219Subject Sample 03:11

2.699Breath Volume 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:5806/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:33

Santa Rosa County SO

RICHMOND,BRENDAN

03/25/2018

AG608505

Santa Rosa County SO

RICHMOND,BRENDAN,B

CRAWFORD

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:42

# 1 0.170Subject Sample 23:43

2.019Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.164Subject Sample 23:46

2.003Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:3406/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:49

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

WATSON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:42

# 1Subject Sample 23:45 No Sample Provided

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5006/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:52

Gulf Breeze PD

WEIERS,BLAINE

03/25/2018

AG608505

Gulf Breeze PD

WEIERS,BLAINE,T

DAVIS

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.081Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:1706/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:54

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

SMITH

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

# 1 0.000Subject Sample 00:44

3.121Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.000Subject Sample 00:47

2.710Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3606/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:26

Gulf Breeze PD

WHITE,TRAVIS

03/25/2018

AG608505

Gulf Breeze PD

WEIERS,BLAINE,T

GRIFFITH

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:1706/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:22

Santa Rosa County SO

QUICK,STEPHEN

03/25/2018

AG608505

Santa Rosa County SO

QUICK,STEPHEN,W

SHERHART

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:25

# 1Subject Sample 23:26 Subject Test Refused

0.000Breath Volume 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1606/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:14

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

MAYSONET

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:09

0.000Air Blank 00:10

# 1Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:4506/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:26

Santa Rosa County SO

TOLLIVER,JORDON

03/25/2018

AG608505

Santa Rosa County SO

TOLLIVER,JORDON,P

LINZY

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1Subject Sample 03:41 Subject Test Refused

0.000Breath Volume 03:41

0.000Air Blank 03:41

0.082Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5606/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:13

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

SINOWAY

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:3006/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:50

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

BURKETT

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:50 Subject Test Refused

0.000Breath Volume 03:50

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:2606/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:24

Santa Rosa County SO

VITALE,MICHAEL

03/25/2018

AG608505

Santa Rosa County SO

VITALE,MICHAEL,L

DAVIS

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.081Control Test 05:38

0.000Air Blank 05:38

# 1 0.041Subject Sample 05:39

1.128Breath Volume 05:39

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2 0.042Subject Sample 05:41

1.890Breath Volume 05:41

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:2706/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:40

Santa Rosa County SO

SCAPIN,BRANDON

03/25/2018

AG608505

Gulf Breeze PD

SCAPIN,BRANDON,L

BRIDGES

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:52

# 1 0.067Subject Sample 20:52

2.351Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.065Subject Sample 20:55

2.843Breath Volume 20:55

0.000Air Blank 20:56

0.080Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:3706/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:32

FHP Troop A

STEINER,ZACHARY

03/25/2018

AG608505

FHP Troop A

STEINER,ZACHARY,A

MIDLING

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:29

0.000Air Blank 06:29

0.081Control Test 06:29

0.000Air Blank 06:30

# 1 0.141Subject Sample 06:30

1.714Breath Volume 06:30

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.146Subject Sample 06:34

3.015Breath Volume 06:34

0.000Air Blank 06:34

0.080Control Test 06:35

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:3506/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:53

18:44

Santa Rosa County SO

GOUGH,AARON

03/25/2018

AG608505

Santa Rosa County SO

GOUGH,AARON,S

BAXLEY

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:13

0.000Air Blank 19:13

0.081Control Test 19:14

0.000Air Blank 19:14

# 1Subject Sample 19:16 Subject Test Refused

0.000Breath Volume 19:16

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1706/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:15

FHP Troop A

ADKINS,JOSEPH

03/25/2018

AG608505

FHP Troop A

ADKINS,JOSEPH,L

CAGLE JR

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

# 1 0.225Subject Sample 03:13

1.996Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.218Subject Sample 03:16

2.300Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:28:0606/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

05:22

Santa Rosa County SO

QUICK,STEPHEN

03/25/2018

AG608505

Santa Rosa County SO

QUICK,STEPHEN,W

VICK

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.081Control Test 06:24

0.000Air Blank 06:24

# 1Subject Sample 06:26 Subject Test Refused

0.000Breath Volume 06:26

0.000Air Blank 06:27

0.081Control Test 06:27

0.000Air Blank 06:28

OKDiagnostics Check 06:28

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:1606/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:45

Santa Rosa County SO

SCAPIN,BRANDON

03/25/2018

AG608505

Gulf Breeze PD

SCAPIN,BRANDON,L

HALVERSON

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.126Subject Sample 02:53

2.296Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.124Subject Sample 02:56

1.988Breath Volume 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:4306/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

15:31

Bay County SO

SWARTZ,CHARLES

03/25/2018

AG608505

Bay County SO

SWARTZ,CHARLES,E

BONILLA

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

0.000Air Blank 16:37

0.081Control Test 16:38

0.000Air Blank 16:38

# 1 0.212Subject Sample 16:39

4.460Breath Volume 16:39

0.000Air Blank 16:39

0.000Air Blank 16:41

# 2 0.215Subject Sample 16:42

4.011Breath Volume 16:42

0.000Air Blank 16:42

0.080Control Test 16:43

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5306/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:02

Santa Rosa County SO

TUSLER,DANNY

03/25/2018

AG608505

Santa Rosa County SO

TUSLER,DANNY,K

KEELE

05/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.081Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:10 No Sample Provided

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2Subject Sample 04:16 No Sample Provided

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 07/01/2017 00:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1006/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:05

Lake City PD

USECHE,IVAN

05/05/2018

09216080A2

Lake City PD

USECHE,IVAN,D

MCCLAIN

05/23/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.082Control Test 03:59

0.000Air Blank 04:00

# 1 0.182Subject Sample 04:00

2.460Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.179Subject Sample 04:03

3.007Breath Volume 04:03

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 06/18/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4506/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:33

FHP Troop B

TILLIE,JOHN

05/05/2018

09216080A2

FHP Troop B

TILLIE,JOHN,R

BEAMES

05/23/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.082Control Test 00:11

0.000Air Blank 00:11

# 1 0.164Subject Sample 00:12

4.332Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.163Subject Sample 00:15

4.445Breath Volume 00:15

0.000Air Blank 00:15

0.079Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 06/18/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:23:4706/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

11:29

FHP Troop B

HOWARD,RODNEY

05/05/2018

09216080A2

FHP Troop B

TILLIE,JOHN,R

NEUBAUER

06/18/2017

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:20

0.000Air Blank 12:21

0.081Control Test 12:21

0.000Air Blank 12:22

# 1Subject Sample 12:22 Subject Test Refused

0.000Breath Volume 12:22

0.000Air Blank 12:22

0.080Control Test 12:23

0.000Air Blank 12:23

OKDiagnostics Check 12:23

Data Download Date/Time: 07/09/2017 16:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:25:1906/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:22

Madison County SO

DEWEY,JARED

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

GORDON

05/03/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.079Control Test 16:23

0.000Air Blank 16:23

# 1Subject Sample 16:23 Subject Test Refused

0.000Breath Volume 16:23

0.000Air Blank 16:24

0.076Control Test 16:24

0.000Air Blank 16:25

OKDiagnostics Check 16:25

Data Download Date/Time: 06/26/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:28:1406/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:51

Madison County SO

DEWEY,JARED

01/05/2018

34015080A2

Madison County SO

DEWEY,JARED,K

DUNCAN

06/26/2017

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:25

0.000Air Blank 13:25

0.080Control Test 13:26

0.000Air Blank 13:26

# 1Subject Sample 13:26 Subject Test Refused

0.000Breath Volume 13:26

0.000Air Blank 13:27

0.079Control Test 13:27

0.000Air Blank 13:28

OKDiagnostics Check 13:28

Data Download Date/Time: 07/06/2017 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000781CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:35

Washington County SO

FRIES,LANDON

02/05/2018

01316080A1

Washington County SO

FRIES,LANDON,D

MCCOVERY

06/03/2017

8100.27

WASHINGTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.076Control Test 02:15

0.000Air Blank 02:15

# 1 0.096Subject Sample 02:16

1.824Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.097Subject Sample 02:20

2.496Breath Volume 02:20

0.000Air Blank 02:20

0.076Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/20/2017 21:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:2406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:06

FHP Troop A

FAST,WARREN

02/05/2018

01316080A1

FHP Troop A

LINCOLN,TREY,B

EDGECUMBE

06/03/2017

8100.27

WASHINGTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

# 1 0.073Subject Sample 00:07

2.132Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.073Subject Sample 00:10

3.082Breath Volume 00:10

0.000Air Blank 00:11

0.078Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 07/28/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:0406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:00

FHP Troop A

LEWIS,TIMOTHY

02/05/2018

01316080A1

FHP Troop A

MACADAMS,DAVID,E

MACADAMS

06/03/2017

8100.27

WASHINGTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.076Control Test 21:52

Air Blank 21:52 Ambient Fail

Air Blank 21:53 Ambient Fail

Data Download Date/Time: 07/28/2017 14:24

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000782CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:5406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:00

FHP Troop A

LEWIS,TIMOTHY

02/05/2018

01316080A1

FHP Troop A

MACADAMS,DAVID,E

MACADAMS

06/03/2017

8100.27

WASHINGTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

Air Blank 21:58 Ambient Fail

0.000Air Blank 21:58

Data Download Date/Time: 07/28/2017 14:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4606/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:17

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

LONG

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0906/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:39

Gulf Breeze PD

KIDD,JERMEL

06/05/2017

13115080A1

Gulf Breeze PD

KIDD,JERMEL,L

SCHEXNAYDER

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4206/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:55

Gulf Breeze PD

WEIERS,BLAINE

06/05/2017

13115080A1

Gulf Breeze PD

ROBERSON,THOMAS,C

HILEMAN

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.000Subject Sample 21:51

1.433Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.000Subject Sample 21:54

1.148Breath Volume 21:54

0.000Air Blank 21:54

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0006/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:44

Gulf Breeze PD

WHITE,TRAVIS

06/05/2017

13115080A1

Gulf Breeze PD

WHITE,TRAVIS,D

COOPER

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.078Control Test 23:14

0.000Air Blank 23:15

# 1Subject Sample 23:15 Subject Test Refused

0.000Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:4106/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:10

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

CRAWLEY

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.079Control Test 06:06

0.000Air Blank 06:07

# 1Subject Sample 06:07 Subject Test Refused

0.000Breath Volume 06:07

0.000Air Blank 06:07

0.079Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0606/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:24

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

ROGERS

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.000Control Test 04:16 RFI Detect

0.000Air Blank 04:17

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:3206/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:24

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

ROGERS

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:19

# 1Subject Sample 04:20 Subject Test Refused

0.000Breath Volume 04:20

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5506/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:10

Gulf Breeze PD

SCAPIN,BRANDON

06/05/2017

13115080A1

Gulf Breeze PD

SCAPIN,BRANDON,L

HAWKINS

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:4706/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

04:51

Gulf Breeze PD

TATRO,KERSTAN

06/05/2017

13115080A1

Gulf Breeze PD

TATRO,KERSTAN,J

MOORE

05/15/2017

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:54

0.000Air Blank 05:54

0.079Control Test 05:55

0.000Air Blank 05:55

# 1 0.108Subject Sample 05:56

3.878Breath Volume 05:56

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.106Subject Sample 06:00

3.289Breath Volume 06:00

0.000Air Blank 06:00

0.079Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 07/05/2017 23:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000790CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5106/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:03

Vero Beach PD

PLUMB,GREGORY

06/05/2018

12716080A6

Vero Beach PD

PLUMB,GREGORY,T

FURLONG

05/29/2017

8100.27

VERO BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

# 1 0.179Subject Sample 00:39

1.824Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.184Subject Sample 00:42

1.507Breath Volume 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 06/22/2017 15:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000790CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:3906/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:57

16:56

Vero Beach PD

YOUNG,ROBERT

06/05/2018

12716080A6

Vero Beach PD

EGGERS,RYAN,K

KREINBRING

05/29/2017

8100.27

VERO BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:20

0.078Control Test 17:21

0.000Air Blank 17:21

# 1 0.357Subject Sample 17:22

1.492Breath Volume 17:22

0.000Air Blank 17:22

0.000Air Blank 17:24

# 2 0.393Subject Sample 17:25

2.492Breath Volume 17:25

0.000Air Blank 17:25

0.000Air Blank 17:27

# 3 0.387Subject Sample 17:28

2.210Breath Volume 17:28

0.000Air Blank 17:28

0.077Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 06/22/2017 15:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2106/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:20

Port St. Lucie PD

TREVISOL,JOSEPH

10/05/2017

24515080A1

Port St. Lucie PD

TREVISOL,JOSEPH,D

AMERLING MILES

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

# 1Subject Sample 22:04 Subject Test Refused

0.035Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4906/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:28

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

GARDNER

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.072Subject Sample 03:31

2.578Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.074Subject Sample 03:34

3.273Breath Volume 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:4106/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:26

St. Lucie County SO

TUCKER,RANDY

10/05/2017

24515080A1

St. Lucie County SO

BRENNAN,LAURIE,B

CICCARELLI

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.078Control Test 17:46

0.000Air Blank 17:46

# 1 0.093Subject Sample 17:48

1.246Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:50

# 2 0.090Subject Sample 17:52

1.785Breath Volume 17:52

0.000Air Blank 17:52

0.078Control Test 17:53

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:1906/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:45

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

ROQUES

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.079Control Test 20:35

0.000Air Blank 20:36

# 1 0.300Subject Sample 20:36

2.375Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.305Subject Sample 20:39

2.160Breath Volume 20:39

0.000Air Blank 20:40

0.078Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1906/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

20:21

St. Lucie County SO

ANDRADE,ESTEFANY

10/05/2017

24515080A1

Fort Pierce PD

WITT,TYLER,

MESKER

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.078Control Test 20:57

0.000Air Blank 20:58

# 1 0.168Subject Sample 20:58

2.125Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.176Subject Sample 21:01

1.925Breath Volume 21:01

0.000Air Blank 21:02

0.077Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:0506/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:12

St. Lucie County SO

MANGEL,TIMOTHY

10/05/2017

24515080A1

St. Lucie County SO

RODRIGUES,RUI,

HAGWOOD

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:26

0.078Control Test 05:26

0.000Air Blank 05:26

# 1Subject Sample 05:28 RFI Detect

0.000Breath Volume 05:28

0.000Air Blank 05:29

0.078Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 06/21/2017 14:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:5206/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:07

St. Lucie County SO

WITT,TYLER

10/05/2017

24515080A1

St. Lucie County SO

WITT,TYLER,

CIELO

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.079Control Test 04:08

0.000Air Blank 04:08

# 1 0.115Subject Sample 04:09

1.898Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:11

# 2 0.107Subject Sample 04:12

1.746Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:1506/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:11

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

ADERSON

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1 0.154Subject Sample 21:16

1.457Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.152Subject Sample 21:19

2.429Breath Volume 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3406/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:25

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

COOK

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

# 1 0.212Subject Sample 00:28 Volume Not Met

0.035Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 2 0.226Subject Sample 00:33 Volume Not Met

0.101Breath Volume 00:33

0.000Air Blank 00:34

0.077Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1006/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:46

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

REDMOND

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

# 1 0.149Subject Sample 01:00

2.566Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.147Subject Sample 01:03

2.347Breath Volume 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2206/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:30

Port St. Lucie PD

TRUDEAU,RYAN

10/05/2017

24515080A1

Port St. Lucie PD

TRUDEAU,RYAN,S

RIELLY

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:5606/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:54

St. Lucie County SO

WITT,TYLER

10/05/2017

24515080A1

St. Lucie County SO

WITT,TYLER,

MAINE

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.079Control Test 19:54

0.000Air Blank 19:55

# 1 0.045Subject Sample 19:55

2.648Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:57

# 2 0.045Subject Sample 19:59

1.417Breath Volume 19:59

0.000Air Blank 20:00

0.078Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5406/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:59

St. Lucie County SO

MANGEL,TIMOTHY

10/05/2017

24515080A1

St. Lucie County SO

WRIGHT,TANYA,L

HAMNER

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.079Control Test 03:01

0.000Air Blank 03:01

# 1 0.000Subject Sample 03:02

3.187Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.000Subject Sample 03:05

3.031Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4406/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

23:36

St. Lucie County SO

SPENCER,JULIE

10/05/2017

24515080A1

St. Lucie County SO

RODRIGUES,RUI,

ZIPPERIAN

05/12/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.078Control Test 01:25

0.000Air Blank 01:25

# 1 0.124Subject Sample 01:26

2.101Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.121Subject Sample 01:29

2.328Breath Volume 01:29

0.000Air Blank 01:29

0.078Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/21/2017 14:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:4706/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:51

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

CAGLIONI,DAVID,A

PARADISO

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.082Control Test 20:12

0.000Air Blank 20:13

# 1 0.174Subject Sample 20:14

1.910Breath Volume 20:14

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.167Subject Sample 20:17

1.492Breath Volume 20:17

0.000Air Blank 20:17

0.078Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 07/20/2017 10:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:5506/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:48

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

CAGLIONI,DAVID,A

SOLIS

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

# 1 0.104Subject Sample 23:11

2.296Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.112Subject Sample 23:14

1.871Breath Volume 23:14

Air Blank 23:15 Ambient Fail

Air Blank 23:15 Purge Fail

Data Download Date/Time: 07/20/2017 10:01

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3306/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:49

St. Lucie County SO

HETZER,DONTE

10/05/2017

24515080A1

St. Lucie County SO

FELIX,GEORGE,D

BRIGANCE

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.077Control Test 23:40

0.000Air Blank 23:41

# 1 0.199Subject Sample 23:41

3.566Breath Volume 23:41

Air Blank 23:42 RFI Detect

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:1706/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:49

St. Lucie County SO

HETZER,DONTE

10/05/2017

24515080A1

St. Lucie County SO

FELIX,GEORGE,D

BRIGANCW

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.076Control Test 23:46

0.000Air Blank 23:47

# 1 0.188Subject Sample 23:47

1.957Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.196Subject Sample 23:50

1.394Breath Volume 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:1206/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

02:44

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

URRIBIERA ULLOA

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.078Control Test 04:11

0.000Air Blank 04:12

# 1 0.180Subject Sample 04:13

1.496Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.176Subject Sample 04:18

2.609Breath Volume 04:18

0.000Air Blank 04:19

0.077Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:3306/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:36

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

MOUNTS

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.077Control Test 21:35

0.000Air Blank 21:35

# 1 0.024Subject Sample 21:35

1.628Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.024Subject Sample 21:39

2.828Breath Volume 21:39

0.000Air Blank 21:39

0.077Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:3106/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:49

St. Lucie County SO

RODRIGUES,RUI

10/05/2017

24515080A1

St. Lucie County SO

RODRIGUES,RUI,

WYANT

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.078Control Test 02:47

0.000Air Blank 02:47

# 1 0.182Subject Sample 02:50 Volume Not Met

0.730Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2Subject Sample 02:53 Subject Test Refused

0.812Breath Volume 02:53

0.000Air Blank 02:54

0.075Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:4306/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:20

FHP Troop L

VILLANO,DANIEL

10/05/2017

24515080A1

FHP Troop L

VILLANO,DANIEL,F

RAMIL

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.077Control Test 17:21

0.000Air Blank 17:22

# 1 0.156Subject Sample 17:25 Volume Not Met

0.378Breath Volume 17:25

0.000Air Blank 17:26

0.000Air Blank 17:28

# 2 0.122Subject Sample 17:28

1.894Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 3 0.129Subject Sample 17:32

1.683Breath Volume 17:32

0.000Air Blank 17:32

0.075Control Test 17:33

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4906/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:49

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

MCMANUS

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.078Control Test 23:57

0.000Air Blank 23:57

# 2 0.231Subject Sample 23:59

1.742Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.229Subject Sample 00:02

1.164Breath Volume 00:02

0.000Air Blank 00:02

0.076Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3806/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:49

St. Lucie County SO

DRAWDY,LAINE

10/05/2017

24515080A1

St. Lucie County SO

DRAWDY,LAINE,A

VILLAVICENCIO

06/21/2017

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.076Control Test 00:13

0.000Air Blank 00:13

# 1 0.150Subject Sample 00:14

2.273Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.157Subject Sample 00:18

2.933Breath Volume 00:18

0.000Air Blank 00:18

0.077Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 07/20/2017 10:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:1606/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:14

Hillsborough Co SO

BRENNAN,D

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

SCHULT JR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1 0.000Subject Sample 21:03

3.636Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.000Subject Sample 21:05

1.683Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1806/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:21

Hillsborough Co SO

DAWSY,B

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

RUNKLE

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.241Subject Sample 00:07

1.578Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.242Subject Sample 00:10

2.218Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:5606/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:25

14:32

Hillsborough Co SO

DEVOE,J

06/05/2018

12716080A7

Hillsborough Co SO

BARR,BARBARA,H

BAILEY

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:46

0.080Control Test 15:46

0.000Air Blank 15:47

# 1 0.290Subject Sample 15:47

1.566Breath Volume 15:47

0.000Air Blank 15:48

0.000Air Blank 15:49

# 2 0.305Subject Sample 15:50

1.898Breath Volume 15:50

0.000Air Blank 15:51

0.081Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:4206/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:11

Hillsborough Co SO

PECYLAK,M

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

STEWART

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.081Control Test 21:19

0.000Air Blank 21:19

# 1 0.000Subject Sample 21:20

3.308Breath Volume 21:20

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.000Subject Sample 21:23

3.328Breath Volume 21:23

0.000Air Blank 21:23

0.081Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5806/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:36

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

ARCE

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1 0.157Subject Sample 03:25

1.234Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.182Subject Sample 03:29

2.730Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 3 0.183Subject Sample 03:32

3.281Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:3506/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:31

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

CHORTKOFF

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.081Control Test 21:18

0.000Air Blank 21:18

# 1 0.193Subject Sample 21:19

2.144Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.196Subject Sample 21:22

2.558Breath Volume 21:22

0.000Air Blank 21:23

0.080Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:1506/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:14

Hillsborough Co SO

DE JESUS,V

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

GETTYS

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.081Control Test 23:01

0.000Air Blank 23:02

# 1Subject Sample 23:05 No Sample Provided

0.000Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2Subject Sample 23:07 Subject Test Refused

0.000Breath Volume 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3906/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:54

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

CHRISTENSEN

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1 0.201Subject Sample 01:44

3.523Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.199Subject Sample 01:48

2.445Breath Volume 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2106/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:50

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

MCMINN,KATHY,

LILLIBRIDGE

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1 0.188Subject Sample 03:42

3.398Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.192Subject Sample 03:45

3.781Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 07/11/2017 18:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:2606/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:05

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

CABRERA ESPINOSA

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.081Control Test 21:00

0.000Air Blank 21:00

# 1 0.141Subject Sample 21:01

1.402Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 2 0.133Subject Sample 21:04

1.347Breath Volume 21:04

0.000Air Blank 21:05

0.081Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5606/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:34

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

JORDAN JR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:06

# 1 0.138Subject Sample 04:07

1.640Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.140Subject Sample 04:10

2.125Breath Volume 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:5306/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:54

17:15

Hillsborough Co SO

DEGARMO,J

06/05/2018

12716080A7

Tampa PD

BARR,BARBARA,H

ORTEGA

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.081Control Test 18:17

0.000Air Blank 18:18

# 1 0.000Subject Sample 18:18

2.472Breath Volume 18:18

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.000Subject Sample 18:21

2.023Breath Volume 18:21

0.000Air Blank 18:21

0.080Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4006/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:26

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

HOWARD

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

# 1 0.018Subject Sample 00:09

1.226Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.016Subject Sample 00:13

1.261Breath Volume 00:13

0.000Air Blank 00:13

0.081Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2606/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:55

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

ADEKANMBI JR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.082Control Test 00:53

0.000Air Blank 00:54

# 1 0.083Subject Sample 00:55

1.585Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.079Subject Sample 00:58

1.164Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:25:3306/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:56

11:05

Hillsborough Co SO

MARTINEZ-RIVERA,A N629

06/05/2018

12716080A7

FFWCC (Lakeland)

SKIPPER,ROGER,G

FRANCHELL

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:19

0.000Air Blank 13:20

0.081Control Test 13:20

0.000Air Blank 13:20

# 1 0.000Subject Sample 13:21

2.828Breath Volume 13:21

0.000Air Blank 13:21

0.000Air Blank 13:23

# 2 0.000Subject Sample 13:24

4.519Breath Volume 13:24

0.000Air Blank 13:24

0.079Control Test 13:24

0.000Air Blank 13:25

OKDiagnostics Check 13:25

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0506/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:53

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

HERNANDEZ ORTIZ

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:42

# 1Subject Sample 22:45 No Sample Provided

0.000Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.130Subject Sample 22:51 Volume Not Met

0.414Breath Volume 22:51

0.000Air Blank 22:52

0.082Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0606/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:53

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

HERNANDEZ ORTIZ

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.141Subject Sample 22:56

1.636Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:58

# 2 0.139Subject Sample 22:59

1.558Breath Volume 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4306/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:22

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

CATES

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1 0.121Subject Sample 02:11

2.093Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.125Subject Sample 02:14

1.105Breath Volume 02:14

0.000Air Blank 02:14

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2506/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:09

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

JOHNSON JR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

# 1 0.178Subject Sample 03:57

2.292Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.176Subject Sample 04:00

2.183Breath Volume 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:34:4306/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:34

Hillsborough Co SO

BURKE,B 253503

06/05/2018

12716080A7

Hillsborough Co SO

SKIPPER,ROGER,G

COKER JR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:28

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:29

# 1 0.081Subject Sample 08:30

2.636Breath Volume 08:30

0.000Air Blank 08:30

0.000Air Blank 08:32

# 2 0.080Subject Sample 08:33

2.621Breath Volume 08:33

0.000Air Blank 08:33

0.080Control Test 08:34

0.000Air Blank 08:34

OKDiagnostics Check 08:34

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2906/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:56

Hillsborough Co SO

DUNCAN,M

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

VIVERO

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:29

# 1 0.126Subject Sample 22:29

3.011Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.128Subject Sample 22:32

3.140Breath Volume 22:32

0.000Air Blank 22:33

0.082Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:0906/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:46

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

THOMAS

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.082Control Test 23:28

0.000Air Blank 23:28

# 1 0.074Subject Sample 23:30

3.351Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.071Subject Sample 23:33

1.324Breath Volume 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:2106/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:37

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

SOCARRAS

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1 0.160Subject Sample 03:18

1.734Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.166Subject Sample 03:21

1.488Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:0906/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:38

Hillsborough Co SO

GONZALEZ,J

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

WINITZKY ZEGARRA

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

# 1 0.151Subject Sample 05:24

1.875Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:26

# 2 0.145Subject Sample 05:27

1.296Breath Volume 05:27

0.000Air Blank 05:28

0.081Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2306/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:22

Hillsborough Co SO

BARLAUG,G

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

YOUNG-BAKER

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.082Control Test 22:11

0.000Air Blank 22:12

# 1 0.301Subject Sample 22:12

1.191Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.312Subject Sample 22:15

1.132Breath Volume 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1106/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:35

Hillsborough Co SO

BARFIELD-CRAIG,C

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

MAYI REYES

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.082Control Test 04:07

0.000Air Blank 04:07

# 1 0.072Subject Sample 04:08

1.980Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.079Subject Sample 04:11

1.304Breath Volume 04:11

0.000Air Blank 04:12

0.082Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1506/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:43

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

JOHNSON

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.081Control Test 05:24

0.000Air Blank 05:25

# 1 0.143Subject Sample 05:25

1.750Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.146Subject Sample 05:28

1.625Breath Volume 05:28

0.000Air Blank 05:29

0.081Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:5306/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:14

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

PAGAN ROSA

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:55

# 1 0.117Subject Sample 03:56

1.226Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.121Subject Sample 04:00

1.128Breath Volume 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:1806/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:20

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

ARUNDALE,BRITTANY,T

ROBERTS

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

# 1 0.225Subject Sample 05:10

1.628Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.224Subject Sample 05:14

2.132Breath Volume 05:14

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5406/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:02

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

MCMINN,KATHY,

DIAZ

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:51

0.000Air Blank 23:51

# 2 0.083Subject Sample 23:54 Volume Not Met

0.695Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 3 0.097Subject Sample 23:57

1.328Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.096Subject Sample 00:03

1.234Breath Volume 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3306/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:48

Hillsborough Co SO

DAWSY,B

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

BRAZEE

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.081Control Test 04:25

0.000Air Blank 04:25

# 1 0.224Subject Sample 04:26

2.441Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.205Subject Sample 04:28

2.230Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5706/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:40

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

NASSAR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.096Subject Sample 03:24

1.355Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.106Subject Sample 03:28

2.140Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1906/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:28

Hillsborough Co SO

DUNCAN,M

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

MOLINA COLON

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.081Control Test 22:15

0.000Air Blank 22:15

# 1 0.149Subject Sample 22:15

1.871Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.149Subject Sample 22:18

2.152Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0706/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:55

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

SHAW

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.082Control Test 02:40

0.000Air Blank 02:41

# 1 0.000Subject Sample 02:41

1.656Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.000Subject Sample 02:44

1.718Breath Volume 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:3506/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:15

Hillsborough Co SO

WASHINGTON,D

06/05/2018

12716080A7

Hillsborough Co SO

ARUNDALE,BRITTANY,T

SPARKS

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:19

# 1 0.100Subject Sample 23:21

2.226Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.113Subject Sample 23:27

3.367Breath Volume 23:27

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:2606/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:06

Hillsborough Co SO

BAILEY,D

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

CANO

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

# 1 0.122Subject Sample 03:06

1.890Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.125Subject Sample 03:09

2.566Breath Volume 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:22

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

KIRK,CASEY,S

MATARAZZO

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1 0.125Subject Sample 03:08

1.609Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:10

# 2 0.127Subject Sample 03:11

1.617Breath Volume 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1306/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:58

Hillsborough Co SO

VAN-TREESE,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

TEEGARDIN

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

# 1 0.134Subject Sample 23:49

1.386Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.141Subject Sample 23:52

2.929Breath Volume 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4006/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:31

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

TUCKER

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

# 1 0.184Subject Sample 02:22

2.199Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.185Subject Sample 02:26

2.359Breath Volume 02:26

0.000Air Blank 02:26

0.081Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:5706/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:45

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

BARR,BARBARA,H

MANI

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:11

0.000Air Blank 07:12

0.080Control Test 07:12

0.000Air Blank 07:13

# 1 0.146Subject Sample 07:13

2.160Breath Volume 07:13

0.000Air Blank 07:14

0.000Air Blank 07:15

# 2 0.146Subject Sample 07:16

1.726Breath Volume 07:16

0.000Air Blank 07:17

0.080Control Test 07:17

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2306/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:19

Hillsborough Co SO

KRUTHERS,B

06/05/2018

12716080A7

Hillsborough Co SO

HOLLAND,CHARLEENE,N

GOFORTH

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

# 1 0.165Subject Sample 00:29

3.125Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.166Subject Sample 00:32

3.953Breath Volume 00:32

0.000Air Blank 00:33

0.081Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 07/11/2017 18:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2706/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:24

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

NEEDHAM

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:20 No Sample Provided

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2206/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:12

Hillsborough Co SO

VELAZQUEZ,B

06/05/2018

12716080A7

U of So FL Campus PD

TORRES,JENIFER,

MURPHY

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.081Control Test 04:23

0.000Air Blank 04:24

# 1 0.232Subject Sample 04:25

1.578Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.242Subject Sample 04:28

2.804Breath Volume 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3706/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:56

Hillsborough Co SO

SIMPKINS,D

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

SADEGHPOUR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.081Control Test 04:32

0.000Air Blank 04:33

# 1 0.179Subject Sample 04:33

1.785Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.174Subject Sample 04:36

1.812Breath Volume 04:36

0.000Air Blank 04:37

0.081Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2706/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:37

Hillsborough Co SO

GONAZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

ZWICK

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.081Control Test 21:17

0.000Air Blank 21:17

# 1 0.219Subject Sample 21:18

1.519Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:20

# 2 0.235Subject Sample 21:21

3.019Breath Volume 21:21

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4006/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:27

Hillsborough Co SO

MILLER,J

06/05/2018

12716080A7

Temple Terrace PD

KIRK,CASEY,S

BEVERLY

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.082Control Test 02:15

0.000Air Blank 02:15

# 1 0.179Subject Sample 02:18

1.718Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.181Subject Sample 02:22

1.574Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:32:3106/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:28

Hillsborough Co SO

BASILONE,K 253963

06/05/2018

12716080A7

Hillsborough Co SO

SKIPPER,ROGER,G

DENNISTON

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:26

0.000Air Blank 12:26

0.081Control Test 12:27

0.000Air Blank 12:27

# 1 0.294Subject Sample 12:28

2.914Breath Volume 12:28

0.000Air Blank 12:28

0.000Air Blank 12:30

# 2 0.294Subject Sample 12:30

2.832Breath Volume 12:30

0.000Air Blank 12:31

0.082Control Test 12:31

0.000Air Blank 12:32

OKDiagnostics Check 12:32

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:2406/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:51

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

KENDRICK SR

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.081Control Test 22:38

0.000Air Blank 22:38

# 1 0.114Subject Sample 22:40

1.460Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.115Subject Sample 22:43

1.460Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2206/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:06

Hillsborough Co SO

BRONSON,R

06/05/2018

12716080A7

Hillsborough Co SO

TRIMBLE,TERESA,

ECHEMENDIA TAPIA

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

# 1Subject Sample 03:02 No Sample Provided

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.000Subject Sample 03:05

2.656Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 3 0.000Subject Sample 03:09

1.328Breath Volume 03:09

0.000Air Blank 03:09

0.082Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0706/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:09

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

BRASWELL

06/05/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:53

# 1 0.173Subject Sample 23:53

2.519Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.178Subject Sample 23:56

2.277Breath Volume 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 07/11/2017 18:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:3706/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:33

FHP Troop B

GANUS,GLEN

03/05/2018

04216080A3

FHP Troop B

GANUS,GLEN,A

CAMPBELL

05/24/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:21

# 1 0.054Subject Sample 01:22

1.515Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.054Subject Sample 01:25

1.179Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 06/26/2017 10:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4606/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

23:56

FHP Troop B

THWEATT,CAMERON

03/05/2018

04216080A3

FHP Troop B

THWEATT,CAMERON,J

MUSANTE

06/26/2017

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.123Subject Sample 01:16

3.703Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.123Subject Sample 01:19

3.816Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 07/24/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:16:5506/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

14:30

14:18

Perry PD

GORBY,DAVE

04/19/2019

390314

Perry PD

GORBY,DAVID,M

CEPHUS

05/31/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:11

0.000Air Blank 15:11

0.078Control Test 15:11

0.000Air Blank 15:12

# 1 0.000Subject Sample 15:12

4.425Breath Volume 15:12

0.000Air Blank 15:13

0.000Air Blank 15:15

# 2 0.000Subject Sample 15:15

4.449Breath Volume 15:15

0.000Air Blank 15:16

0.079Control Test 15:16

0.000Air Blank 15:16

OKDiagnostics Check 15:16

Data Download Date/Time: 06/29/2017 15:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:3506/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:12

Perry PD

CEPHUS,JAMIN

04/19/2019

390314

Perry PD

CEPHUS,JAMIN,I

FOX

05/31/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

# 1 0.128Subject Sample 22:42

2.300Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.130Subject Sample 22:46

2.136Breath Volume 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 06/29/2017 15:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2506/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:38

Perry PD

WARREN,BRIAN

04/19/2019

390314

Taylor County SO

GEYER,CHARLES,L

EDWARDS

05/31/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.079Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:08 No Sample Provided

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 06/29/2017 15:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:2506/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:51

Hernando County SO

KENT,N

08/05/2018

17316080A2

Hernando County SO

COLLITO,BRAD,R

HARDMAN

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:47

0.000Air Blank 17:48

0.081Control Test 17:48

0.000Air Blank 17:49

# 1 0.237Subject Sample 17:49

1.480Breath Volume 17:49

0.000Air Blank 17:50

0.000Air Blank 17:52

# 2 0.226Subject Sample 17:52

2.257Breath Volume 17:52

0.000Air Blank 17:53

0.080Control Test 17:53

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1506/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:39

Hernando County SO

KENT,N

08/05/2018

17316080A2

Hernando County SO

ROSARIO,I,

JACKSON

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.081Control Test 00:40

0.000Air Blank 00:41

# 1 0.247Subject Sample 00:41

1.496Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.247Subject Sample 00:44

2.886Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:4006/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:04

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

QUINN

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:58

# 1Subject Sample 22:58 Subject Test Refused

0.000Breath Volume 22:58

0.000Air Blank 22:58

0.081Control Test 22:59

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1206/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

22:07

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

GROSSO

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

# 1 0.207Subject Sample 03:39

1.910Breath Volume 03:39

Air Blank 03:40 Purge Fail

0.000Air Blank 03:41

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0906/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

22:07

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

GROSSO

05/11/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

# 1 0.177Subject Sample 04:05

1.679Breath Volume 04:05

Air Blank 04:06 Purge Fail

0.000Air Blank 04:07

Data Download Date/Time: 06/13/2017 21:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3606/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:16

Hernando County SO

HENRY,JUSTIN

08/05/2018

17316080A2

FFWCC (Lakeland)

STIMPSON,RACHEL,

COLLINS

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.080Control Test 23:39

0.000Air Blank 23:39

# 1 0.000Subject Sample 23:40

3.726Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:43

3.250Breath Volume 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:27:2606/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:01

08:23

Hernando County SO

HARSANYI,W

08/05/2018

17316080A2

Hernando County SO

ROBLES,DAVID,O

LUCI

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:21

0.000Air Blank 09:21

0.081Control Test 09:22

0.000Air Blank 09:22

# 1 0.000Subject Sample 09:23

2.089Breath Volume 09:23

0.000Air Blank 09:23

0.000Air Blank 09:25

# 2 0.000Subject Sample 09:26

2.292Breath Volume 09:26

0.000Air Blank 09:26

0.080Control Test 09:26

0.000Air Blank 09:27

OKDiagnostics Check 09:27

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:3506/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:43

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

DAMBRA

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.081Control Test 19:51

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:52

2.691Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.000Subject Sample 19:55

2.792Breath Volume 19:55

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:5006/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:19

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

HORAN

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.081Control Test 03:14

0.000Air Blank 03:14

# 1 0.102Subject Sample 03:15

1.796Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.103Subject Sample 03:18

1.878Breath Volume 03:18

0.000Air Blank 03:18

0.080Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:2706/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:17

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

BLOOM

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:46

# 1 0.226Subject Sample 00:47

1.421Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.217Subject Sample 00:51

1.171Breath Volume 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5306/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:51

Hernando County SO

NEWKIRK,L

08/05/2018

17316080A2

Hernando County SO

ROSARIO,I,

GENDRON

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.081Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:5306/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

17:07

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

RIZZITELLO

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:08

0.000Air Blank 18:09

0.081Control Test 18:09

0.000Air Blank 18:09

# 1Subject Sample 18:10 Subject Test Refused

0.000Breath Volume 18:10

0.000Air Blank 18:10

0.081Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:4006/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:44

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,

CAUDILLO

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

# 1 0.228Subject Sample 01:48

2.472Breath Volume 01:48

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.259Subject Sample 01:52

3.246Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 3 0.224Subject Sample 01:56

2.082Breath Volume 01:56

0.000Air Blank 01:57

0.077Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:1406/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:12

Hernando County SO

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

STIMPSON,RACHEL,

STAATS

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:05

0.000Air Blank 19:06

0.081Control Test 19:06

0.000Air Blank 19:06

# 1 0.210Subject Sample 19:07

1.789Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:09

# 2 0.189Subject Sample 19:10

1.691Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:12

# 3 0.199Subject Sample 19:13

2.785Breath Volume 19:13

0.000Air Blank 19:14

0.078Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:2006/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:58

Hernando County SO

JOHNSON,S

08/05/2018

17316080A2

Hernando County SO

COLLITO,BRAD,R

LYNCH

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:55

# 1 0.150Subject Sample 21:58 Volume Not Met

0.148Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:00

# 2 0.152Subject Sample 22:02

1.531Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 3 0.144Subject Sample 22:05

1.304Breath Volume 22:05

0.000Air Blank 22:06

0.077Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:5106/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

18:03

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

HALL

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:49

# 1 0.248Subject Sample 18:50

2.429Breath Volume 18:50

0.000Air Blank 18:51

0.000Air Blank 18:52

# 2 0.235Subject Sample 18:53

1.402Breath Volume 18:53

0.000Air Blank 18:53

0.077Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:45:3906/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:11

Hernando County SO

ZARCONE,C

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

OLIN

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:40

0.000Air Blank 19:40

# 1 0.128Subject Sample 19:41

3.015Breath Volume 19:41

0.000Air Blank 19:41

0.000Air Blank 19:43

# 2 0.125Subject Sample 19:44

3.328Breath Volume 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

OKDiagnostics Check 19:45

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5006/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:05

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

BALLARD

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.167Subject Sample 00:52

2.144Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:54

# 2 0.154Subject Sample 00:55

1.617Breath Volume 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:3806/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:19

16:39

Hernando County SO

HOAGLAN,BRANDON

08/05/2018

17316080A2

FHP Troop C

SPENCER,COLLEEN,E

SERGAKIS

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:40

0.080Control Test 17:40

0.000Air Blank 17:40

# 1 0.000Subject Sample 17:44 Volume Not Met

1.250Breath Volume 17:44

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.000Subject Sample 17:48

1.222Breath Volume 17:48

0.000Air Blank 17:48

0.000Air Blank 17:50

# 3 0.000Subject Sample 17:52

1.296Breath Volume 17:52

0.000Air Blank 17:52

0.080Control Test 17:53

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:3206/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:25

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

GRAZIANO

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:23

0.079Control Test 19:23

0.000Air Blank 19:24

# 1 0.233Subject Sample 19:24

1.828Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.227Subject Sample 19:27

2.679Breath Volume 19:27

0.000Air Blank 19:28

0.077Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2006/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:44

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

MARTIN

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.183Subject Sample 01:46 Volume Not Met

0.226Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.179Subject Sample 01:52 Volume Not Met

0.285Breath Volume 01:52

0.000Air Blank 01:53

0.077Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2206/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:09

Hernando County SO

FRYE,D

08/05/2018

17316080A2

FHP Troop C

ROSARIO,I,

PATE

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3706/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:57

Hernando County SO

FRYE,D

08/05/2018

17316080A2

FHP Troop C

ROSARIO,I,

PERKINS

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

# 1 0.136Subject Sample 04:06

1.390Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.132Subject Sample 04:08

1.367Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4906/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:16

Hernando County SO

DAVENPORT,JOSHUA

08/05/2018

17316080A2

FHP Troop C

CRUZ,CHRISTINA,M

KING

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.187Subject Sample 22:07

1.476Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.190Subject Sample 22:10

1.503Breath Volume 22:10

0.000Air Blank 22:10

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:2006/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

02:59

Hernando County SO

FRYE,DAVID

08/05/2018

17316080A2

FHP Troop C

CRUZ,CHRISTINA,M

SOLOMON

06/13/2017

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:40 No Sample Provided

0.000Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2Subject Sample 04:45 No Sample Provided

0.000Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 07/19/2017 19:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4806/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:40

Sumter County SO

DODGE,A

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

WHEELER

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.079Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/27/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:2006/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

16:40

Sumter County SO

STRIMIKE,A

09/05/2018

20016080A3

Sumter County SO

SCHMIDT,SUSAN,V

SCHMIDT

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:27

0.000Air Blank 18:27

0.078Control Test 18:28

0.000Air Blank 18:28

# 1 0.269Subject Sample 18:31 Volume Not Met

0.562Breath Volume 18:31

Air Blank 18:32 Purge Fail

0.000Air Blank 18:33

Data Download Date/Time: 06/27/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:1606/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

16:40

Sumter County SO

STRIMIKE,A

09/05/2018

20016080A3

Sumter County SO

FARLOW,V,V

SCHMIDT

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.076Control Test 18:36

0.000Air Blank 18:36

# 1 0.308Subject Sample 18:39 Volume Not Met

0.015Breath Volume 18:39

Air Blank 18:40 Purge Fail

0.000Air Blank 18:41

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:5906/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

16:40

Sumter County SO

STRIMIKE,A

09/05/2018

20016080A3

Sumter County SO

FARLOW,V,

SCHMIDT

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.073Control Test 18:45 Control Outside Tolerance

0.000Air Blank 18:45

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:5206/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:06

16:40

Sumter County SO

STRIMIKE,A

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

SCHMIDT

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.077Control Test 18:48

0.000Air Blank 18:48

# 1 0.269Subject Sample 18:51 Volume Not Met

0.355Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2Subject Sample 18:56 Subject Test Refused

0.000Breath Volume 18:56

0.000Air Blank 18:56

0.074Control Test 18:57 Control Outside Tolerance

0.000Air Blank 18:57

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:3606/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:50

Sumter County SO

BLANKENSHIP,S

09/05/2018

20016080A3

Sumter County SO

MARSHALL,JARROD,C

LYNCH

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:55:4506/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:42

Sumter County SO

MATA,R

09/05/2018

20016080A3

Sumter County SO

LIVERS,DAWN,T

ANDERSON

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:51

0.000Air Blank 13:52

0.079Control Test 13:52

0.000Air Blank 13:53

# 1Subject Sample 13:54 Subject Test Refused

0.000Breath Volume 13:54

0.000Air Blank 13:54

0.079Control Test 13:55

0.000Air Blank 13:55

OKDiagnostics Check 13:55

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2106/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:03

Sumter County SO

INGRAM,P

09/05/2018

20016080A3

Sumter County SO

MARSHALL,JARROD,C

KOLLER

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.078Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:4006/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:03

Sumter County SO

WRAD,S

09/05/2018

20016080A3

FHP Troop C

MARSHALL,JARROD,C

BLAIR

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.077Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:35:5206/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:54

14:56

Sumter County SO

UNEBERG,J

09/05/2018

20016080A3

Sumter County SO

BRANNEN,JUSTIN,C

SMITH

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:25

0.000Air Blank 16:25

0.080Control Test 16:26

0.000Air Blank 16:26

# 1 0.207Subject Sample 16:27

1.324Breath Volume 16:27

0.000Air Blank 16:28

0.000Air Blank 16:29

# 2 0.243Subject Sample 16:31

2.261Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:33

# 3 0.242Subject Sample 16:34

1.792Breath Volume 16:34

0.000Air Blank 16:34

0.079Control Test 16:35

0.000Air Blank 16:35

OKDiagnostics Check 16:35

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:5806/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:44

Sumter County SO

SARGENT,B

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

SANCHEZ

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:40

# 1Subject Sample 20:44 No Sample Provided

0.000Breath Volume 20:44

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2Subject Sample 20:49 No Sample Provided

0.000Breath Volume 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

Air Blank 20:50 Sequence Aborted

0.000Air Blank 20:50

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:4006/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:44

Sumter County SO

SARGENT,B

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

SANCHEZ

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.079Control Test 20:53

0.000Air Blank 20:54

# 1 0.238Subject Sample 20:57 Volume Not Met

0.000Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 20:59

# 2 0.269Subject Sample 21:01

1.351Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:03

# 3Subject Sample 21:05 Subject Test Refused

0.187Breath Volume 21:05

0.000Air Blank 21:06

0.074Control Test 21:06 Control Outside Tolerance

0.000Air Blank 21:07

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:3006/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:41

Sumter County SO

BUTLER,E

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

AMMONS

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:30

0.000Air Blank 19:30

0.080Control Test 19:30

0.000Air Blank 19:31

# 1 0.208Subject Sample 19:33

1.273Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:35

# 2 0.213Subject Sample 19:36

1.375Breath Volume 19:36

0.000Air Blank 19:37

0.078Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3606/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:40

Sumter County SO

ROSS,C

09/05/2018

20016080A3

Sumter County SO

FARLOW,VINESSA,

MCCOOK

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2406/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:18

Sumter County SO

CAISSEY,CHRISTINE

09/05/2018

20016080A3

Wildwood PD

LEWIS,JARROD,W

BOATWRIGHT

05/25/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.078Control Test 04:08

0.000Air Blank 04:09

# 1 0.179Subject Sample 04:09

2.601Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.189Subject Sample 04:12

2.582Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 06/27/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1106/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:25

Sumter County SO

CIULLA,J

09/05/2018

20016080A3

Sumter County SO

FARLOW,V,

CARTAGENA

06/27/2017

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:31

# 1Subject Sample 22:35 No Sample Provided

0.000Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.009Subject Sample 22:37

1.777Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 3 0.007Subject Sample 22:40

1.703Breath Volume 22:40

0.000Air Blank 22:41

0.077Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 07/26/2017 11:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:1406/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:13

Citrus County SO

PANETTI,JAMES

11/05/2018

26316080A2

Citrus County SO

HOLTZHOUSE,JONATHAN,D

RISNER

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.129Subject Sample 23:22

1.648Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.126Subject Sample 23:25

1.730Breath Volume 23:25

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1906/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:42

Citrus County SO

PANETTI,JAMES

11/05/2018

26316080A2

Citrus County SO

HOLTZHOUSE,JONATHAN,D

CHANDLER

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.183Subject Sample 03:25 Volume Not Met

0.238Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.222Subject Sample 03:28

1.582Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 3 0.206Subject Sample 03:31

2.148Breath Volume 03:31

0.000Air Blank 03:32

0.076Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:4306/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:20

CCA Citrus

KJEKSTAD,ERIC

11/05/2018

26316080A2

Citrus County SO

ROBERSON,WILLIAM,E

BAUSELL

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:57

# 3 0.148Subject Sample 23:58

1.890Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:00

# 1 0.139Subject Sample 00:04 Volume Not Met

0.992Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.144Subject Sample 00:07

1.648Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0506/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

22:45

CCA Citrus

STOKES,E

06/05/2017

13115080A1

Citrus County SO

MCCAZZIO,SEAN,J

BAPTISTA

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.081Control Test 01:39

0.000Air Blank 01:39

# 1Subject Sample 01:39 Subject Test Refused

0.000Breath Volume 01:39

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:4206/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:45

CCA Citrus

HORTON,T

06/05/2017

13115080A1

Citrus County SO

SCHOETTNER,ADRIAN,J

SHARP

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

# 1 0.178Subject Sample 22:49

2.714Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.171Subject Sample 22:52

2.363Breath Volume 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0906/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:44

CCA Citrus

PANETTI,J

06/05/2017

13115080A1

Citrus County SO

MCCAZZIO,SEAN,J

BOND

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.081Control Test 20:58

0.000Air Blank 20:58

# 1Subject Sample 21:01 Subject Test Refused

0.085Breath Volume 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4606/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:40

CCA Citrus

KJEKSTAD,E

06/05/2017

13115080A1

FHP Troop C

SCHOETTNER,ADRIAN,J

WHITE

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.110Subject Sample 23:10

1.441Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.107Subject Sample 23:13

1.304Breath Volume 23:13

0.000Air Blank 23:13

0.081Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0806/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:43

CCA Citrus

REYSON,F

06/05/2017

13115080A1

Citrus County SO

SCHOETTNER,ADRIAN,J

SIMONS

05/24/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:42

# 1 0.000Subject Sample 23:43

1.945Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.000Subject Sample 23:46

2.242Breath Volume 23:46

0.000Air Blank 23:47

0.082Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 06/30/2017 10:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0306/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:55

Citrus County SO

KJEKSTUD,ERIC

11/05/2018

26316080A2

FHP Troop C

LATHAN,MICHAEL,S

COOK

06/30/2017

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.179Subject Sample 01:15

2.761Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.175Subject Sample 01:18

2.527Breath Volume 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:20

Data Download Date/Time: 07/31/2017 04:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1206/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:12

Clermont PD

PEREZ,NICOLAS

02/05/2019

34416080A2

Clermont PD

MARTIN,CHRIS,L

REED

06/29/2017

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:20 No Sample Provided

0.000Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.168Subject Sample 00:26

1.921Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:28

# 3 0.175Subject Sample 00:29

1.953Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 07/21/2017 17:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0706/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:47

Astatula PD

WHITAKER,MICHAEL

11/05/2017

1766638

Fruitland Park PD

DENTON,AMY,B

SHREFFLER

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.161Subject Sample 20:58

3.453Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:00

# 2 0.160Subject Sample 21:01

3.195Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:4806/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:28

Lake County SO

CHESSHER,SANDY

11/05/2017

1766638

Lake County SO

PITCHER,DARRYL,P

FREDERICKS

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

# 1 0.150Subject Sample 21:58

2.066Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.149Subject Sample 22:01

2.054Breath Volume 22:01

0.000Air Blank 22:01

0.079Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:4106/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:05

Lake County SO

LUPPINO,SETH

11/05/2017

1766638

Lake County SO

PITCHER,DARRYL,P

SMITH

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:04

# 1 0.175Subject Sample 23:05

1.941Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.186Subject Sample 23:09

1.804Breath Volume 23:09

0.000Air Blank 23:09

0.078Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0506/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:08

Lake County SO

LUPPINO,SETH

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

MONTALVO

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.079Control Test 01:42

0.000Air Blank 01:42

# 1 0.135Subject Sample 01:45

1.386Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.132Subject Sample 01:48

1.554Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1206/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:42

Lake County SO

CHESSHER,S

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

HICKS

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:2006/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:57

Lake County SO

FINDLEY,CARLTONJANE

11/05/2017

1766638

Lake County SO

FINDLEY,CARLTONJANE,P

MC CREA

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:42

# 1 0.196Subject Sample 05:44

2.125Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:47

# 2Subject Sample 05:50 No Sample Provided

0.000Breath Volume 05:50

0.000Air Blank 05:50

0.000Air Blank 05:52

# 3Subject Sample 05:55 No Sample Provided

0.000Breath Volume 05:55

0.000Air Blank 05:56

0.080Control Test 05:56

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4406/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:14

Lake County SO

PITCHER,D

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

WIDEMAN

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1 0.104Subject Sample 00:49

1.437Breath Volume 00:49

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.101Subject Sample 00:52

1.468Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0306/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:59

Lake County SO

LUPPINO,SETH

11/05/2017

1766638

Lake County SO

PITCHER,DARRYL,P

CHAPARRO

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1 0.041Subject Sample 01:29

1.281Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.037Subject Sample 01:32

1.242Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5106/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:56

Lake County SO

CHESSHER,SANDY

11/05/2017

1766638

Lake County SO

PITCHER,DARRYL,P

JAIME MIAM

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

# 1 0.219Subject Sample 02:27

2.164Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.208Subject Sample 02:30

1.621Breath Volume 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4306/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

02:58

FHP Troop D

RODRIGUEZ,EDWIN

11/05/2017

1766638

FHP Troop D

RODRIGUEZ,EDWIN,

SPANICH

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

# 1 0.163Subject Sample 04:38

2.738Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.160Subject Sample 04:41

2.839Breath Volume 04:41

0.000Air Blank 04:41

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:06

Lake County SO

PITCHER,DARRYL

11/05/2017

1766638

Lake County SO

CHESSHER,SANDRA,W

EHLERS

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.235Subject Sample 03:15

2.894Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.242Subject Sample 03:18

3.386Breath Volume 03:18

0.000Air Blank 03:19

0.078Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:3006/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

16:51

Lake County SO

LUPPINO,SETH

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

MACFARLANE

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.079Control Test 17:50

0.000Air Blank 17:51

# 1 0.064Subject Sample 17:51

1.453Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.063Subject Sample 17:54

1.921Breath Volume 17:54

0.000Air Blank 17:55

0.079Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:2506/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

18:25

Lake County SO

CHESSHER,S

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

WASZAK

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.080Control Test 19:11

0.000Air Blank 19:11

# 1Subject Sample 19:11 Sequence Aborted

0.000Breath Volume 19:11

0.000Air Blank 19:12

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:0506/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:25

Lake County SO

CHESSHER,S

11/05/2017

1766638

Lake County SO

LUPPINO,SETH,M

WASZAK

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:19

0.080Control Test 19:19

0.000Air Blank 19:19

# 1 0.000Subject Sample 19:21

2.902Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.000Subject Sample 19:24

2.574Breath Volume 19:24

0.000Air Blank 19:25

0.079Control Test 19:25

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5806/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

23:51

FHP Troop D

CORRIVEAU,CHAD

11/05/2017

1766638

FHP Troop D

CORRIVEAU,CHAD,R

MANN

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

# 1 0.170Subject Sample 01:57

3.128Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.148Subject Sample 02:00

1.718Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 3 0.175Subject Sample 02:03

3.042Breath Volume 02:03

0.000Air Blank 02:04

0.078Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:2306/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:30

FHP Troop D

RATLIFF,JOSEPH

11/05/2017

1766638

FHP Troop D

BURGOS,JULIAN,L

DEWALT

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:59

Air Blank 17:59 RFI Detect

0.000Air Blank 18:00

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:2206/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:30

FHP Troop D

RATLIFF,JOSEPH

11/05/2017

1766638

FHP Troop D

BURGOS,JULIAN,L

DEWALT

05/22/2017

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:03

0.080Control Test 18:03

0.000Air Blank 18:04

# 1Subject Sample 18:05 Subject Test Refused

0.000Breath Volume 18:05

0.000Air Blank 18:05

0.080Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 06/29/2017 10:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:5406/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:27

Leesburg PD

PINCUS,SETH

02/05/2018

01316080A2

Leesburg PD

FOSTER,ANDREW,D

HILL

06/20/2017

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:56

0.000Air Blank 22:57

# 1 0.099Subject Sample 22:58

2.429Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.096Subject Sample 23:01

1.691Breath Volume 23:01

0.000Air Blank 23:02

0.079Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 07/24/2017 00:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3506/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

21:38

Leesburg PD

JOHNSON,MARK

02/05/2018

01316080A2

Leesburg PD

FOSTER,ANDREW,D

CRESPO JUSINO

06/20/2017

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:27

2.207Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:30

2.964Breath Volume 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 07/24/2017 00:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3506/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:10

Mount Dora PD

MCCULLOCH,ADAM

10/20/2019

583457

Mount Dora PD

DANCEL,KAREN,J

MAJOR SHEPHERD

05/25/2017

8100.27

MOUNT DORA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

# 1 0.312Subject Sample 01:07

1.195Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.304Subject Sample 01:10

1.714Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 06/28/2017 02:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:3206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

07:01

Mount Dora PD

ANDERSON,NEAL

10/20/2019

583457

Mount Dora PD

TAYLOR,KEITH,A

JOHNSON

05/25/2017

8100.27

MOUNT DORA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:46

0.000Air Blank 07:47

0.079Control Test 07:47

0.000Air Blank 07:47

# 1 0.000Subject Sample 07:49

1.566Breath Volume 07:49

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.000Subject Sample 07:52

1.503Breath Volume 07:52

0.000Air Blank 07:52

0.078Control Test 07:52

0.000Air Blank 07:53

OKDiagnostics Check 07:53

Data Download Date/Time: 06/28/2017 02:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:4506/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:32

FHP Troop B

BAKER,MARK

12/01/2019

644476

FHP Troop B

BAKER,MARK,J

MAKAIWI

06/27/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

# 1 0.139Subject Sample 23:24

1.566Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.146Subject Sample 23:28

2.097Breath Volume 23:28

0.000Air Blank 23:28

0.078Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 07/28/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5906/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:13

FHP Troop B

FERNANDEZ,A

12/01/2019

644476

FHP Troop B

FELICIANO,ANTHONY,M

FELICIANO

06/27/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

# 1 0.152Subject Sample 21:53

1.179Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.153Subject Sample 21:56

1.886Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 07/28/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000827CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4206/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:58

Belleview PD

HARRINGTON,A

11/05/2017

1766638

Belleview PD

HARRINGTON,A,

CHILEL

06/27/2017

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.222Subject Sample 23:47 Volume Not Met

0.132Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.232Subject Sample 23:53 Volume Not Met

0.089Breath Volume 23:53

0.000Air Blank 23:53

0.079Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 07/28/2017 11:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2106/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:17

Hillsborough Co SO

EHRHART,M

06/05/2018

12716080A7

FHP Troop C

KIRK,CASEY,S

BRADY

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

# 1 0.157Subject Sample 04:14

2.875Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.167Subject Sample 04:17

2.007Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3206/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:51

Hillsborough Co SO

SIMPKINS,D

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

COLBORNE

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

# 1 0.168Subject Sample 00:36

1.132Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.166Subject Sample 00:40

1.550Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 06/05/2017 20:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3106/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:28

Hillsborough Co SO

NIEUWENDAM,R

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

LEVY

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.115Subject Sample 01:27

2.679Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.111Subject Sample 01:30

1.847Breath Volume 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/05/2017 20:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:5806/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

02:57

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

CORALES SERRA

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1 0.155Subject Sample 04:13

1.308Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.157Subject Sample 04:16

1.976Breath Volume 04:16

0.000Air Blank 04:17

0.078Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 06/05/2017 20:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:0806/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:41

Hillsborough Co SO

COSTA,A

06/05/2018

12716080A7

Hillsborough Co SO

DAIL,JULIE,A

VELEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1Subject Sample 22:32 No Sample Provided

0.000Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.190Subject Sample 22:37

2.394Breath Volume 22:37

0.000Air Blank 22:38

0.000Air Blank 22:40

# 3 0.170Subject Sample 22:41

1.753Breath Volume 22:41

0.000Air Blank 22:42

0.077Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 06/05/2017 20:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1906/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:25

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

WHITTEMORE

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1 0.162Subject Sample 02:03

2.980Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.167Subject Sample 02:06

2.125Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:2006/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:46

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

ALVARO ALONZO

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:58

# 1 0.177Subject Sample 22:59

2.722Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.181Subject Sample 23:02

1.906Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4006/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:28

Martin County SO

THOMAS,CHRISTOPHER

09/05/2018

20016080A2

Martin County SO

THOMAS,CHRISTOPHER,L

WEAVER

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1 0.153Subject Sample 01:58

2.289Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.152Subject Sample 02:02

2.500Breath Volume 02:02

0.000Air Blank 02:02

0.078Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 06/16/2017 22:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:43:0606/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:45

07:28

Martin County SO

PORCELLI,ANDREW

09/05/2018

20016080A2

Martin County SO

PORCELLI,ANDREW,

RASTRELLI

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:36

0.000Air Blank 08:37

0.080Control Test 08:37

0.000Air Blank 08:38

# 1 0.000Subject Sample 08:38

1.910Breath Volume 08:38

0.000Air Blank 08:39

0.000Air Blank 08:41

# 2 0.000Subject Sample 08:41

1.531Breath Volume 08:41

0.000Air Blank 08:42

0.079Control Test 08:42

0.000Air Blank 08:43

OKDiagnostics Check 08:43

Data Download Date/Time: 06/16/2017 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:1906/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:01

Martin County SO

BELLAS,DILLON

09/05/2018

20016080A2

Martin County SO

BELLAS,DILLON,A

NYKIEL

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

# 1Subject Sample 22:37 No Sample Provided

0.000Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.189Subject Sample 22:40

1.441Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 3 0.201Subject Sample 22:43

1.890Breath Volume 22:43

0.000Air Blank 22:44

0.078Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 06/16/2017 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:2406/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:41

Martin County SO

POLIZZI,CHRISTINE

09/05/2018

20016080A2

Martin County SO

POLIZZI,CHRISTINE,A

BLIER

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:53

0.000Air Blank 00:53

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 06/16/2017 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5806/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:51

Stuart PD

ANGERVIL,CLAUDY

09/05/2018

20016080A2

Stuart PD

ANGERVIL,CLAUDY,P

CSIDA

05/26/2017

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.183Subject Sample 23:22

2.464Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.188Subject Sample 23:25

2.007Breath Volume 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 06/16/2017 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4606/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:10

Hillsborough Co SO

GONZALEZ,D

06/05/2018

12716080A7

Hillsborough Co SO

MCMINN,KATHY,

ROSENTHAL

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.181Subject Sample 00:56

2.027Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.185Subject Sample 01:00

2.480Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1806/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:37

Hillsborough Co SO

MONTOUTE,S

06/05/2018

12716080A7

Hillsborough Co SO

KIRK,CASEY,S

SOTO SANTIZO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.211Subject Sample 01:26

1.539Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.210Subject Sample 01:29

1.804Breath Volume 01:29

0.000Air Blank 01:30

0.075Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:1806/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:17

Hillsborough Co SO

FRANKLIN,R

06/05/2018

12716080A7

Hillsborough Co SO

TORRES,JENIFER,

MITCHELL

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.081Control Test 20:23

0.000Air Blank 20:24

# 1 0.000Subject Sample 20:24

2.566Breath Volume 20:24

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.000Subject Sample 20:27

2.492Breath Volume 20:27

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0806/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:13

Hillsborough Co SO

VISSER,A

06/05/2018

12716080A7

Tampa PD

HOLLAND,CHARLEENE,N

BLANCAS

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.138Subject Sample 03:00

1.343Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.144Subject Sample 03:03

1.738Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4306/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

04:00

Hillsborough Co SO

BADEN,T

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

SOLOMON

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

# 1 0.098Subject Sample 04:39

1.347Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.088Subject Sample 04:43

1.105Breath Volume 04:43

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2706/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:03

Hillsborough Co SO

LYON,M

06/05/2018

12716080A7

Tampa PD

TRIMBLE,TERESA,

ELIAS VAZQUEZ

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.210Subject Sample 01:01

1.398Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.213Subject Sample 01:04

3.468Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4506/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:34

Hillsborough Co SO

SNAGGS,S

06/05/2018

12716080A7

Tampa PD

TORRES,JENIFER,

ROMERO

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.082Subject Sample 03:20

1.250Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.090Subject Sample 03:24

1.679Breath Volume 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:1906/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:26

Hillsborough Co SO

TAVERAS,N

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

BELL

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

# 1 0.223Subject Sample 04:22

2.210Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.233Subject Sample 04:25

1.882Breath Volume 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000833CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2006/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:45

Hillsborough Co SO

BLANCHARD,J

06/05/2018

12716080A7

Tampa PD

DAIL,JULIE,A

HOLTON

05/03/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.135Subject Sample 02:28

1.496Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.137Subject Sample 02:31

1.925Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 06/05/2017 19:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5606/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:46

Clermont PD

BELL,ETHAN

06/05/2018

12716080A7

Clermont PD

BELL,ETHAN,C

RODGERS

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.079Control Test 20:41

0.000Air Blank 20:41

# 1 0.180Subject Sample 20:44

2.371Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:46

# 2 0.172Subject Sample 20:47

2.312Breath Volume 20:47

0.000Air Blank 20:48

0.076Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2006/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:39

Clermont PD

BELL,ETHAN

06/05/2018

12716080A7

Clermont PD

BELL,ETHAN,C

SUTTON

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:21:2606/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:33

Lake County SO

THOMAS,M

06/05/2018

12716080A7

FHP Troop D

DUNLAP,JASON,N

JOHNSON

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:21

Air Blank 11:21 RFI Detect

Air Blank 11:21 RFI Detect

Data Download Date/Time: 06/29/2017 10:37

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:31:2106/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:33

Lake County SO

THOMAS,M

06/05/2018

12716080A7

FHP Troop D

DUNLAP,JASON,N

JOHNSON

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:23

0.000Air Blank 11:23

0.079Control Test 11:24

0.000Air Blank 11:24

# 1 0.200Subject Sample 11:26

2.707Breath Volume 11:26

0.000Air Blank 11:27

0.000Air Blank 11:29

# 2 0.219Subject Sample 11:29

2.562Breath Volume 11:29

0.000Air Blank 11:30

0.079Control Test 11:30

0.000Air Blank 11:31

OKDiagnostics Check 11:31

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3306/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:41

Clermont PD

BELL,ETHAN

06/05/2018

12716080A7

Clermont PD

BELL,ETHAN,C

CARRASQUILLO

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

# 1 0.127Subject Sample 03:11

2.031Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.126Subject Sample 03:15

2.292Breath Volume 03:15

0.000Air Blank 03:15

0.078Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5206/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

04:03

Lake County SO

BINDER,BRONSON

06/05/2018

12716080A7

Lake County SO

BINDER,BRONSON,M

THOMAS

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1 0.213Subject Sample 04:29

2.519Breath Volume 04:29

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.211Subject Sample 04:32

2.644Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5106/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:25

Lake County SO

BINDER,BRONSON

06/05/2018

12716080A7

Lake County SO

BINDER,BRONSON,M

GUILBE-RODRIGUEZ

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

# 1 0.036Subject Sample 02:05

1.656Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.040Subject Sample 02:08

1.683Breath Volume 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:1406/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:39

Lake County SO

BINDER,BRONSON

06/05/2018

12716080A7

Lake County SO

BINDER,BRONSON,M

GUTIERREZ RODRIGUEZ

05/22/2017

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.079Control Test 03:17

0.000Air Blank 03:17

# 1 0.114Subject Sample 03:18

1.457Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.107Subject Sample 03:22

1.195Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 06/29/2017 10:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:2906/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:32

Panama City Beach PD

BROOKS,BLAKE

05/19/2018

1861309

Panama City Beach PD

BROOKS,BLAKE,T

GOSA

05/27/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.213Subject Sample 03:30

2.515Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.214Subject Sample 03:33

1.953Breath Volume 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 07/01/2017 06:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:0706/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

14:17

Panama City Beach PD

MOORE,JACOB

05/19/2018

1861309

Panama City Beach PD

MOORE,JACOB,A

HARDISTY

05/27/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:41

0.000Air Blank 14:41

0.079Control Test 14:41

0.000Air Blank 14:42

# 1 0.193Subject Sample 14:42

2.320Breath Volume 14:42

0.000Air Blank 14:43

0.000Air Blank 14:45

# 2 0.185Subject Sample 14:45

1.191Breath Volume 14:45

0.000Air Blank 14:46

0.078Control Test 14:46

0.000Air Blank 14:47

OKDiagnostics Check 14:47

Data Download Date/Time: 07/01/2017 06:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:1106/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:50

Panama City Beach PD

BROOKS,BLAKE

05/19/2018

1861309

Panama City Beach PD

BROOKS,BLAKE,T

SMITH

05/27/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

# 1 0.168Subject Sample 21:16

3.109Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.183Subject Sample 21:19

3.367Breath Volume 21:19

0.000Air Blank 21:20

0.079Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 07/01/2017 06:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:5406/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:00

Panama City Beach PD

BROOKS,BLAKE

05/19/2018

1861309

Panama City Beach PD

BROOKS,BLAKE,T

PANTER

05/27/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

# 1 0.223Subject Sample 03:55

3.269Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.223Subject Sample 03:58

3.417Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 07/01/2017 06:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1806/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:34

Panama City PD

ALDERMAN,JOSEPH

05/05/2018

09216080A2

Panama City PD

ALDERMAN,JOSEPH,L

GRIFFITH

06/01/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.063Subject Sample 01:10

1.839Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.066Subject Sample 01:13

1.667Breath Volume 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 06/29/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:3406/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:41

Lynn Haven PD

QUINN,CAMERON

05/05/2018

09216080A2

Panama City PD

DUTTON,KERRY,D

JONES

06/01/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.078Control Test 19:56

0.000Air Blank 19:56

# 1 0.000Subject Sample 19:57

4.566Breath Volume 19:57

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.000Subject Sample 20:00

4.082Breath Volume 20:00

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 06/29/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0906/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:23

Lynn Haven PD

THOMPSON,JOSHUA

05/05/2018

09216080A2

Lynn Haven PD

DUTTON,KERRY,D

TAYLOR

06/01/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.078Control Test 01:58

0.000Air Blank 01:58

# 1Subject Sample 01:58 Subject Test Refused

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.078Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 06/29/2017 11:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000840CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5006/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:18

Lynn Haven PD

NUSBAUM,K

05/05/2018

09216080A2

Lynn Haven PD

NUSBAUM,K,

POWERS

06/29/2017

8100.27

LYNN HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 08/01/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1706/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:01

Cape Coral PD

SCARLATO,MICHAEL

11/05/2018

26316080A2

Cape Coral PD

FESSEL,DANIEL,C

GRAINGER

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.000Subject Sample 00:03

4.542Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.000Subject Sample 00:06

4.304Breath Volume 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:27:2706/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:55

10:35

Cape Coral PD

BIANCO,ANTHONY

11/05/2018

26316080A2

Cape Coral PD

LEMOS,MATHEW,T

MABBITT

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:21

0.000Air Blank 11:21

0.081Control Test 11:22

0.000Air Blank 11:22

# 1 0.000Subject Sample 11:23

2.609Breath Volume 11:23

0.000Air Blank 11:23

0.000Air Blank 11:25

# 2 0.000Subject Sample 11:26

2.527Breath Volume 11:26

0.000Air Blank 11:26

0.080Control Test 11:26

0.000Air Blank 11:27

OKDiagnostics Check 11:27

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:4806/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:05

Cape Coral PD

TACY,CODY

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

NABORS

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:53

# 1 0.151Subject Sample 20:54

1.496Breath Volume 20:54

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.145Subject Sample 20:57

1.816Breath Volume 20:57

0.000Air Blank 20:57

0.079Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:0606/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:13

Cape Coral PD

BARKLEY,JEFFREY

11/05/2018

26316080A2

Cape Coral PD

BARKLEY,JEFFREY,G

GRACE

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.081Control Test 04:47

0.000Air Blank 04:47

# 1 0.096Subject Sample 04:49

2.000Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.092Subject Sample 04:52

1.843Breath Volume 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:3206/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:46

Cape Coral PD

BIANCO,ANTHONY

11/05/2018

26316080A2

Cape Coral PD

LEMOS,MATHEW,T

O'NEILL

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:28

0.000Air Blank 13:29

0.080Control Test 13:29

0.000Air Blank 13:30

# 1 0.245Subject Sample 13:31

2.042Breath Volume 13:31

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.249Subject Sample 13:34

2.492Breath Volume 13:34

0.000Air Blank 13:34

0.079Control Test 13:34

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:1206/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

16:50

Cape Coral PD

BIANCO,A

11/05/2018

26316080A2

Cape Coral PD

DUFFY,J,

COBITE

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:37

0.000Air Blank 17:38

0.081Control Test 17:38

0.000Air Blank 17:39

# 1 0.000Subject Sample 17:42 Volume Not Met

0.121Breath Volume 17:42

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.000Subject Sample 17:47 Volume Not Met

0.332Breath Volume 17:47

0.000Air Blank 17:48

0.081Control Test 17:48

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:5306/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:14

Cape Coral PD

SCARLATO,MICHAEL

11/05/2018

26316080A2

Cape Coral PD

CIESLINSKI,JOSEPH,P

RIVERA

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.200Subject Sample 02:51

3.136Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.188Subject Sample 02:54

2.707Breath Volume 02:54

0.000Air Blank 02:54

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 07/26/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:4706/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:18

Cape Coral PD

DENNIS,BRIAN

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

SHEEHY

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.081Control Test 23:12

0.000Air Blank 23:12

# 1 0.000Subject Sample 23:13

1.445Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.000Subject Sample 23:17

1.781Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 07/26/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:0406/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

04:00

Cape Coral PD

TOBLER,AMANDA

11/05/2018

26316080A2

Cape Coral PD

TOBLER,AMANDA,R

ALVARADO

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.080Control Test 04:35

0.000Air Blank 04:35

# 1 0.215Subject Sample 04:36

1.218Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.197Subject Sample 04:41 Volume Not Met

0.250Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 3 0.177Subject Sample 04:47 Volume Not Met

0.945Breath Volume 04:47

0.000Air Blank 04:48

0.070Control Test 04:48 Control Outside Tolerance

0.000Air Blank 04:49

Data Download Date/Time: 07/26/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:2206/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

04:41

Cape Coral PD

TACY,CODY

11/05/2018

26316080A2

Cape Coral PD

TOBLER,AMANDA,R

DEBONIS

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.080Control Test 05:22

0.000Air Blank 05:22

# 1 0.140Subject Sample 05:26 Volume Not Met

0.070Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2Subject Sample 05:30 Subject Test Refused

0.015Breath Volume 05:30

0.000Air Blank 05:31

0.078Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 07/26/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:2106/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

06:01

Cape Coral PD

SCARLATO,MICHAEL

11/05/2018

26316080A2

Cape Coral PD

O'GRADY,PATRICK,

THOMPSON

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:44

0.000Air Blank 06:44

0.080Control Test 06:44

0.000Air Blank 06:45

# 1 0.116Subject Sample 06:45

3.824Breath Volume 06:45

0.000Air Blank 06:46

0.000Air Blank 06:48

# 2 0.109Subject Sample 06:48

3.316Breath Volume 06:48

0.000Air Blank 06:49

0.080Control Test 06:49

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 07/26/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:5506/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:38

Cape Coral PD

JACKSON,MIKE

11/05/2018

26316080A2

Cape Coral PD

CIESLINSKI,JOSEPH,P

SEBBEN

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:27

0.080Control Test 19:27

0.000Air Blank 19:27

# 1 0.183Subject Sample 19:28

2.078Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:30

# 2 0.197Subject Sample 19:31

2.824Breath Volume 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 07/26/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1806/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:33

Cape Coral PD

WILSON,P

11/05/2018

26316080A2

Cape Coral PD

ZARRILLO,N,

WISS

06/02/2017

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 07/26/2017 10:48
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