
80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2108/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:30

FHP Troop G

LEWIS,RONALD

11/21/2019

640976

FHP Troop G

LEWIS,RONALD,D

WHITE

08/28/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.000Subject Sample 00:37

4.824Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.000Subject Sample 00:39

4.523Breath Volume 00:39

0.000Air Blank 00:40

0.078Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 08/31/2017 11:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1708/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:07

St. John's County SO

DELUCCA,SAMUEL

11/21/2019

640976

St. John's County SO

SPROUSE,JOHN,S

LONDON

08/28/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.079Control Test 20:58

0.000Air Blank 20:59

# 1 0.227Subject Sample 20:59

2.371Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.215Subject Sample 21:02

2.304Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 08/31/2017 11:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:3108/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

St. Augustine PD

BROWN,JOHNATHAN

03/30/2019

366849

St. Augustine PD

BROWN,JOHNATHAN,R

WHITEHURST

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.077Control Test 04:22

Air Blank 04:22 Improper Sample

Air Blank 04:22 Improper Sample

Data Download Date/Time: 09/25/2017 11:09

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:1808/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

St. Augustine PD

BROWN,JOHNATHAN

03/30/2019

366849

St. Augustine PD

BROWN,JOHNATHAN,R

WHITEHURST

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

Air Blank 04:25 Improper Sample

0.000Air Blank 04:26

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0208/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:50

St. Augustine PD

BROWN,JOHNATHAN

03/30/2019

366849

St. Augustine PD

BROWN,JOHNATHAN,R

WHITEHURST

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:32

# 1 0.179Subject Sample 04:32

1.296Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.190Subject Sample 04:35

1.574Breath Volume 04:35

0.000Air Blank 04:36

0.077Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:0608/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:34

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

FRIEL

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:31

0.000Air Blank 23:31

# 1 0.000Subject Sample 23:32

1.457Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:35

1.957Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:5808/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:23

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

GROVES

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:32

# 1 0.000Subject Sample 04:32

2.765Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.000Subject Sample 04:35

1.757Breath Volume 04:35

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5908/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:34

St. John's County SO

SPROUSE,JOHN

03/30/2019

366849

St. John's County SO

SPROUSE,JOHN,S

MUNDELL

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

# 1 0.220Subject Sample 01:20

1.828Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:22

# 2 0.201Subject Sample 01:24

2.914Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:3308/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:52

16:01

St. John's County SO

CREPPEL,SEAN

03/30/2019

366849

St. John's County SO

SPROUSE,JOHN,S

ENGBERG

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.079Control Test 17:22

0.000Air Blank 17:22

# 1 0.057Subject Sample 17:23

1.195Breath Volume 17:23

0.000Air Blank 17:24

0.000Air Blank 17:26

# 2 0.061Subject Sample 17:27

1.148Breath Volume 17:27

0.000Air Blank 17:27

0.079Control Test 17:27

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5208/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:02

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

MORRILL

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:01

# 1 0.180Subject Sample 23:02

2.039Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:04

# 2 0.177Subject Sample 23:05

1.726Breath Volume 23:05

0.000Air Blank 23:05

0.079Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5008/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:30

St. John's County SO

FAMA,MANDY

03/30/2019

366849

St. John's County SO

SPROUSE,JOHN,S

WATKINS

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

# 1 0.197Subject Sample 01:17

2.417Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.187Subject Sample 01:20

2.308Breath Volume 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2008/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

St. Augustine Beach

THOMPSON,TYLER

03/30/2019

366849

St. Augustine Beach

THOMPSON,TYLER,B

USINA

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

Air Blank 03:31 RFI Detect

0.000Air Blank 03:32

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1308/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

St. Augustine Beach

THOMPSON,TYLER

03/30/2019

366849

St. Augustine Beach

THOMPSON,TYLER,B

USINA

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

Air Blank 03:36 RFI Detect

Air Blank 03:36 RFI Detect

Data Download Date/Time: 09/25/2017 11:09

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1808/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

St. Augustine Beach

THOMPSON,TYLER

03/30/2019

366849

St. Augustine Beach

THOMPSON,TYLER,B

USINA

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.161Subject Sample 03:41

1.917Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.145Subject Sample 03:44

1.511Breath Volume 03:44

0.000Air Blank 03:45

0.074Control Test 03:45 Control Outside Tolerance

0.000Air Blank 03:46

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:3208/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:52

St. Augustine Beach

THOMPSON,TYLER

03/30/2019

366849

St. Augustine Beach

THOMPSON,TYLER,B

USINA

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.075Control Test 03:50

0.000Air Blank 03:50

# 1 0.151Subject Sample 03:51

1.554Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.152Subject Sample 03:53

2.027Breath Volume 03:53

0.000Air Blank 03:54

0.075Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0008/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:17

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

TAMAN

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.078Control Test 03:01

0.000Air Blank 03:01

# 1 0.068Subject Sample 03:02

2.710Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:04

# 2 0.066Subject Sample 03:05

2.382Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:5808/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:51

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

BENITEZ

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.165Subject Sample 03:17

1.335Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.169Subject Sample 03:20

1.593Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0808/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:59

St. Augustine PD

BROWN,JOHNATHAN

03/30/2019

366849

St. Augustine PD

BROWN,JOHNATHAN,R

MC GEE

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1 0.197Subject Sample 03:21

1.316Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.205Subject Sample 03:24

2.613Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:1008/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:30

St. John's County SO

WINTERS,ERIN

03/30/2019

366849

St. John's County SO

WINTERS,ERIN,M

MCDOWELL

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

# 1 0.000Subject Sample 21:34

1.671Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.000Subject Sample 21:37

1.691Breath Volume 21:37

0.000Air Blank 21:38

0.077Control Test 21:38

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2108/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:45

FHP Troop G

MONTGOMERY,KENNETH

03/30/2019

366849

FHP Troop G

MONTGOMERY,KENNETH,R

EITEL

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.045Subject Sample 03:17

2.281Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.044Subject Sample 03:20

1.808Breath Volume 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5208/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:56

St. Augustine PD

PATTERSON,W

03/30/2019

366849

St. Augustine Beach

BRICKEY,M,D

FOLEY

07/23/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

# 1 0.269Subject Sample 02:43

1.535Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.265Subject Sample 02:47

1.523Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 09/25/2017 11:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1108/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

01:54

Daytona Beach PD

ROCES,JOSEPH

06/14/2020

796576

Daytona Beach PD

LAMPE,CORTLAND,B

PAXIA

08/21/2017

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.116Subject Sample 04:13

1.585Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.111Subject Sample 04:17

1.925Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 09/27/2017 14:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1008/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:37

Daytona Beach PD

DUNNE,JUSTIN

06/14/2020

796576

Daytona Beach PD

DUNNE,JUSTIN,R

MENDEZ

08/21/2017

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.081Control Test 02:28

0.000Air Blank 02:28

# 1 0.215Subject Sample 02:29

2.261Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.209Subject Sample 02:32

1.644Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 09/27/2017 14:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3108/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:35

Flagler County SO

SCALIA,SARA

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

STELTER

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.204Subject Sample 01:34

1.179Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.226Subject Sample 01:37

1.226Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 3 0.210Subject Sample 01:41

1.257Breath Volume 01:41

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5908/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:45

Flagler County SO

CHAMPION,N

06/05/2018

12716080A6

Flagler County SO

GADSON,LAUREN,J

REBL

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

# 1Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:0408/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:33

FHP Troop G

MONTGOMERY,KENNETH

06/05/2018

12716080A6

FHP Troop G

MONTGOMERY,KENNETH,R

HNIS

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.000Subject Sample 21:57

3.300Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.000Subject Sample 22:00

1.742Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:02

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0508/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:51

Flagler County SO

EBRILL,F

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

STALCUP

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.224Subject Sample 00:42

2.589Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.221Subject Sample 00:45

2.304Breath Volume 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4708/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:38

Flagler County SO

CHAMBERS,J

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

SEILER

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

# 1 0.305Subject Sample 01:19

1.972Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.313Subject Sample 01:22

2.070Breath Volume 01:22

0.000Air Blank 01:22

0.079Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:2308/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:55

Flagler County SO

CANGIALOSI,A

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

NEWTON

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1 0.122Subject Sample 02:46

1.996Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.121Subject Sample 02:48

2.046Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:0808/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:38

Flagler County SO

LICHTY,D

06/05/2018

12716080A6

Flagler County SO

KEMP,FREDERICK,R

STANCIL

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.080Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:2808/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:00

Flagler County SO

JACKSON,BRYAN

06/05/2018

12716080A6

Flagler County SO

PREVATT,JENNIFER,M

MONTANEZ

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

# 1 0.270Subject Sample 22:04

2.484Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.278Subject Sample 22:08

2.664Breath Volume 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:3208/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:09

Flagler County SO

MYERS,ROBERT

06/05/2018

12716080A6

Flagler County SO

CROSBEE,JAMES,B

POWER

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

# 1 0.168Subject Sample 20:52

1.292Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.176Subject Sample 20:57

2.437Breath Volume 20:57

0.000Air Blank 20:57

0.077Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:49:3808/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:47

Flagler County SO

BELL,SAMUEL

06/05/2018

12716080A6

Flagler County SO

NICOLAS,MITA,

HUSSEY

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:43

0.000Air Blank 13:43

0.079Control Test 13:43

0.000Air Blank 13:44

# 1 0.090Subject Sample 13:45

1.183Breath Volume 13:45

0.000Air Blank 13:45

0.000Air Blank 13:47

# 2 0.094Subject Sample 13:48

1.535Breath Volume 13:48

0.000Air Blank 13:48

0.079Control Test 13:49

0.000Air Blank 13:49

OKDiagnostics Check 13:49

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:5708/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:10

FHP Troop G

MONTGOMERY,KENNETH

06/05/2018

12716080A6

FHP Troop G

MONTGOMERY,KENNETH,R

ROSSI

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

# 1 0.000Subject Sample 22:40 Volume Not Met

0.941Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3308/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:26

Flagler County SO

TOUBAILI,ABDULRAHMAN

06/05/2018

12716080A6

Flagler County SO

PREVATT,JENNIFER,M

PRITCHETT

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.227Subject Sample 01:44

1.937Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.210Subject Sample 01:48

1.585Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:2308/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

09:05

Flagler County SO

ROSSI,CRAIG

06/05/2018

12716080A6

Flagler County SO

NICOLAS,MITA,

GIBBONS

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:52

0.000Air Blank 09:53

0.078Control Test 09:53

0.000Air Blank 09:54

# 1 0.307Subject Sample 09:54

1.386Breath Volume 09:54

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.294Subject Sample 09:57

1.679Breath Volume 09:57

0.000Air Blank 09:58

0.078Control Test 09:58

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5608/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:08

Flagler County SO

ST JOHN,J

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

LUTHER

07/06/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1 0.266Subject Sample 04:54

2.593Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.243Subject Sample 04:57

2.242Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 3 0.253Subject Sample 05:00

1.894Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 08/18/2017 16:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3008/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:20

Flagler County SO

TOWNS,R

06/05/2018

12716080A6

Flagler County SO

FAIRCLOTH,EDWARD,W

TYLER

08/18/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.114Subject Sample 01:23 Volume Not Met

0.355Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.123Subject Sample 01:27

1.449Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 3 0.104Subject Sample 01:33 Volume Not Met

0.476Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 09/22/2017 16:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:5408/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:23

Flagler County SO

JACKSON,BRYAN

06/05/2018

12716080A6

Flagler County SO

CHEWNING,AUSTIN,M

WILEY

08/18/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 09/22/2017 16:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:4508/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

19:52

FHP Troop G

LEWIS,RONALD

06/05/2018

12716080A6

FHP Troop G

LEWIS,RONALD,D

CARMONA

08/18/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

# 1 0.183Subject Sample 21:58

2.406Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.182Subject Sample 22:01

2.976Breath Volume 22:01

0.000Air Blank 22:01

0.079Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 09/22/2017 16:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:5608/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:12

Flagler County SO

NUNZIATO,GREG

06/05/2018

12716080A6

Flagler County SO

WILLIAMS,JASON,B

MORELAND

08/18/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:59

# 1 0.114Subject Sample 21:59

1.863Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.117Subject Sample 22:02

2.085Breath Volume 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 09/22/2017 16:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:3808/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:48

16:09

Flagler Beach PD

SYLVESTER,TIMOTHY

06/05/2018

12716080A6

Flagler Beach PD

YELVINGTON,AUSTIN,R

EVANS

08/18/2017

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:12

0.000Air Blank 17:13

0.079Control Test 17:13

0.000Air Blank 17:14

# 1 0.000Subject Sample 17:14

3.070Breath Volume 17:14

0.000Air Blank 17:14

0.000Air Blank 17:16

# 2 0.000Subject Sample 17:17

3.121Breath Volume 17:17

0.000Air Blank 17:17

0.080Control Test 17:18

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 09/22/2017 16:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4208/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:21

Broward County SO

WILLIAMS,SEAN

09/06/2019

562838

Broward County SO

GRAY,SANDRA,

SENA

08/28/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.170Subject Sample 01:10 Volume Not Met

0.644Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.180Subject Sample 01:14

2.320Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 3 0.172Subject Sample 01:18

1.414Breath Volume 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 09/17/2017 20:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:3508/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:00

Broward County SO

SAPP,JOSHUA

09/06/2019

562838

Broward County SO

TILLMAN,SHEILA,L

GENHOLD

08/28/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:16

0.000Air Blank 23:16

# 1 0.186Subject Sample 23:19 Volume Not Met

0.378Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.202Subject Sample 23:22

1.683Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 3 0.200Subject Sample 23:26

1.429Breath Volume 23:26

0.000Air Blank 23:26

0.080Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 09/17/2017 20:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:4108/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:07

Manatee County SO

KENYAN,MA

04/08/2018

184081

Manatee County SO

KENYAN,M,A

STELMACH

07/24/2017

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:41

0.080Control Test 18:42

0.000Air Blank 18:42

# 1 0.148Subject Sample 18:43

3.375Breath Volume 18:43

0.000Air Blank 18:43

Air Blank 18:45 RFI Detect

0.000Air Blank 18:45

0.082Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 08/21/2017 11:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:1708/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

18:17

Manatee County SO

VANOVER,ANDREW

04/08/2018

184081

Manatee County SO

VANOVER,ANDREW,P

MARQUIS

07/24/2017

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.080Control Test 19:09

0.000Air Blank 19:10

# 1 0.133Subject Sample 19:10

1.785Breath Volume 19:10

0.000Air Blank 19:11

0.000Air Blank 19:13

# 2 0.138Subject Sample 19:13

2.171Breath Volume 19:13

0.000Air Blank 19:14

0.079Control Test 19:14

0.000Air Blank 19:15

OKDiagnostics Check 19:15

Data Download Date/Time: 08/21/2017 11:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:06:1708/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:39

15:32

Manatee County SO

VANOVER,ANDREW

04/08/2018

184081

Manatee County SO

VANOVER,ANDREW,P

KERSEY

07/24/2017

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.080Control Test 17:00

0.000Air Blank 17:01

# 1 0.000Subject Sample 17:01

2.945Breath Volume 17:01

0.000Air Blank 17:02

0.000Air Blank 17:04

# 2 0.000Subject Sample 17:04

3.160Breath Volume 17:04

0.000Air Blank 17:05

0.079Control Test 17:05

0.000Air Blank 17:06

OKDiagnostics Check 17:06

Data Download Date/Time: 08/21/2017 11:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:3708/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:59

Manatee County SO

VANOVER,ANDREW

04/08/2018

184081

Manatee County SO

VANOVER,ANDREW,P

ROJAS RAMIREZ

07/24/2017

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:20

0.000Air Blank 23:21

# 1 0.055Subject Sample 23:22

1.167Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.065Subject Sample 23:25

2.320Breath Volume 23:25

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 08/21/2017 11:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5808/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:55

Haines City PD

WEBSTER,BRAD

04/19/2019

390314

Haines City PD

DUBLINO,NICK,J

LOPEZ-HUERTA

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:05

# 1 0.194Subject Sample 04:06

1.558Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.181Subject Sample 04:11

1.406Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5308/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:55

Polk County SO

WARREN,BILLY

04/19/2019

390314

Polk County SO

WARREN,BILLY,J

JIMENEZ-CABRERA

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.083Control Test 19:58

0.000Air Blank 19:58

# 1 0.238Subject Sample 20:00

2.234Breath Volume 20:00

0.000Air Blank 20:01

0.000Air Blank 20:02

# 2 0.232Subject Sample 20:04

1.917Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1508/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:55

Polk County SO

POTTER,ADAM

04/19/2019

390314

Polk County SO

POTTER,ADAM,H

TORRES

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.082Control Test 00:47

Air Blank 00:47 RFI Detect

0.000Air Blank 00:48

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5008/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:55

Polk County SO

POTTER,ADAM

04/19/2019

390314

Polk County SO

POTTER,ADAM,H

TORRES

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.082Control Test 00:50

0.000Air Blank 00:50

# 1Subject Sample 00:53 Subject Test Refused

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.082Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0908/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:32

Polk County SO

LUCAS,NATHANIEL

04/19/2019

390314

Polk County SO

LUCAS,NATHANIEL,

MORENO

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.083Control Test 23:16

0.000Air Blank 23:16

# 1 0.179Subject Sample 23:17

1.886Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.195Subject Sample 23:20

1.210Breath Volume 23:20

0.000Air Blank 23:21

0.083Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001151CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1008/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:12

Polk County SO

SYKES,STEVEN

04/19/2019

390314

Polk County SO

SYKES,STEVEN,

RAMIREZ

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.082Control Test 23:49

0.000Air Blank 23:50

# 1 0.221Subject Sample 23:51

2.261Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.218Subject Sample 23:54

1.699Breath Volume 23:54

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 09/23/2017 07:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:4708/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

18:36

New Smyrna Beach PD

CALVERLEY,JOSH

11/05/2018

26316080A2

New Smyrna Beach PD

WILLIAMS,DAVID,B

BASS

07/26/2017

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

# 1 0.161Subject Sample 18:59

3.613Breath Volume 18:59

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.161Subject Sample 19:02

2.625Breath Volume 19:02

0.000Air Blank 19:02

0.079Control Test 19:03

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 08/28/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001152CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0208/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:22

New Smyrna Beach PD

COPPOLA,TYSON

11/05/2018

26316080A2

New Smyrna Beach PD

COPPOLA,TYSON,J

BENNETT

07/26/2017

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.244Subject Sample 03:10

1.531Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.232Subject Sample 03:14

1.625Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 08/28/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001154CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2408/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:14

Volusia County SO

PECK,KEITH

01/08/2018

1787697

Volusia County SO

PECK,KEITH,D

WELSH

07/26/2017

8100.27

VOLUSIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 08/29/2017 14:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3008/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:12

Eglin AFB PD

BARR,BRANDON

06/05/2018

12716080A5

Eglin AFB PD

MATHRE,PETER,M

MCCOWAN

07/04/2017

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1 0.210Subject Sample 00:44

1.910Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.208Subject Sample 00:47

3.246Breath Volume 00:47

0.000Air Blank 00:47

0.079Control Test 00:48

Air Blank 00:48 RFI Detect

Air Blank 00:48 RFI Detect

Data Download Date/Time: 11/01/2017 13:29

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:1108/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:20

Eglin AFB PD

BARR,BRANDON

06/05/2018

12716080A5

Eglin AFB PD

MATHRE,PETER,M

MCCOWAN

07/04/2017

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.220Subject Sample 00:59

2.933Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.189Subject Sample 01:02

1.980Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 3 0.206Subject Sample 01:05

3.375Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 11/01/2017 13:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3208/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:21

Eglin AFB PD

SMITH,TYLER

06/05/2018

12716080A5

Eglin AFB PD

SMITH,TYLER,L

RENICK

07/04/2017

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.202Subject Sample 03:42

3.242Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.196Subject Sample 03:45

3.621Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/01/2017 13:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3708/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

00:23

00:23

Eglin AFB PD

SMITH,TYLER

06/05/2018

12716080A5

Eglin AFB PD

SMITH,TYLER,L

RUSSELL

07/04/2017

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.081Control Test 01:08

0.000Air Blank 01:09

# 1 0.284Subject Sample 01:09

1.695Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.290Subject Sample 01:14

2.269Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 11/01/2017 13:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1908/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:19

Ormond Beach PD

DOUGLAS,THOMAS

02/04/2019

279870

Ormond Beach PD

PEARSON,ROBERT,B

MARTINEZ

07/28/2017

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.079Control Test 00:40

0.000Air Blank 00:40

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 08/27/2017 09:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0408/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:19

Ormond Beach PD

FISK,ZACHARY

02/04/2019

279870

Ormond Beach PD

PEARSON,ROBERT,B

HUNT

07/28/2017

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 08/27/2017 09:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1508/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:10

Ormond Beach PD

MOODY,SIERRA

02/04/2019

279870

Ormond Beach PD

PEARSON,ROBERT,B

CHIARIZZI

07/28/2017

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

# 1Subject Sample 03:09 Subject Test Refused

0.000Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 08/27/2017 09:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3608/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:18

Daytona Beach Shores

CASTELLANO,VINCENT

01/08/2018

1787697

Daytona Beach Shores

CASTELLANO,VINCENT,J

BAILER

08/23/2017

8100.27

PONCE INLET PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.101Subject Sample 23:09

4.375Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.095Subject Sample 23:12

2.843Breath Volume 23:12

0.000Air Blank 23:12

0.080Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 09/17/2017 06:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:4708/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:00

17:00

Clermont PD

MARTIN,CHRIS

01/31/2020

686331

Clermont PD

MARTIN,CHRIS,L

SKEETE

08/21/2017

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:21

0.000Air Blank 17:22

0.081Control Test 17:22

0.000Air Blank 17:22

# 1 0.000Subject Sample 17:23

2.183Breath Volume 17:23

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.000Subject Sample 17:26

2.386Breath Volume 17:26

0.000Air Blank 17:26

0.080Control Test 17:27

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 09/21/2017 16:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2608/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

22:00

Boynton Beach PD

CASTRO,DENNIS

04/19/2019

390314

Boynton Beach PD

CASTRO,DENNIS,

LUX PEREZ

07/20/2017

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

# 1 0.216Subject Sample 22:35

2.011Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2Subject Sample 22:39 Slope Not Met

2.113Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 08/30/2017 23:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:0308/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

22:00

Boynton Beach PD

CASTRO,DENNIS

04/19/2019

390314

Boynton Beach PD

CASTRO,DENNIS,

LUX PEREZ

07/20/2017

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.078Control Test 22:44

0.000Air Blank 22:45

# 1 0.227Subject Sample 22:45

1.671Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.223Subject Sample 22:48

1.847Breath Volume 22:48

0.000Air Blank 22:49

0.078Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:50

Data Download Date/Time: 08/30/2017 23:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0308/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:32

Boynton Beach PD

CASTRO,DENNIS

04/19/2019

390314

Boynton Beach PD

CASTRO,DENNIS,

JONES

07/20/2017

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

# 1 0.234Subject Sample 23:16 Volume Not Met

1.093Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.235Subject Sample 23:19

2.156Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 3 0.234Subject Sample 23:22

1.816Breath Volume 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:24

Data Download Date/Time: 08/30/2017 23:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:1908/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:59

Boynton Beach PD

CASTRO,DENNIS

04/19/2019

390314

Boynton Beach PD

CASTRO,DENNIS,

GRADY

07/20/2017

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.246Subject Sample 21:32

2.414Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.198Subject Sample 21:38 Volume Not Met

0.613Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 3 0.255Subject Sample 21:42

2.300Breath Volume 21:42

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 08/30/2017 23:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001192CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:0208/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:55

Panama City Beach PD

WURST,JOSHUA

09/13/2019

572920

Panama City Beach PD

WURST,JOSHUA,D

ROTH

07/31/2017

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:33

0.080Control Test 16:34

0.000Air Blank 16:34

# 1 0.158Subject Sample 16:35

1.191Breath Volume 16:35

0.000Air Blank 16:35

0.000Air Blank 16:37

# 2 0.203Subject Sample 16:38

3.460Breath Volume 16:38

0.000Air Blank 16:39

0.000Air Blank 16:40

# 3 0.197Subject Sample 16:41

4.582Breath Volume 16:41

0.000Air Blank 16:42

0.083Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:43

Data Download Date/Time: 08/07/2017 10:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1208/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:42

Collier County SO

DRISCOLL,JAMES

08/05/2018

17316080A3

Collier County SO

DRISCOLL,JAMES,P

WHELPTON

07/05/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.226Subject Sample 03:26

2.382Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.232Subject Sample 03:29

1.968Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 08/02/2017 08:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001201CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:2708/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:26

Collier County SO

LOPEZ,ALLYSON

03/05/2019

03417080A2

Seminole Dept of LE

MORGAN,KEVIN,G

CONCEPCION

08/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.079Control Test 04:43

0.000Air Blank 04:43

# 1 0.208Subject Sample 04:44

3.019Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.215Subject Sample 04:46

2.613Breath Volume 04:46

0.000Air Blank 04:47

0.081Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 09/04/2017 17:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3308/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:37

Clewiston PD

MCLAIN,KYLE

10/02/2018

83551

Hendry County SO

HESTER,JAMES,R

BRODEUR

07/19/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.204Subject Sample 03:12

2.136Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.188Subject Sample 03:15

1.421Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 08/22/2017 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4008/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:00

Hendry County SO

ANDERS,SHAWN

10/02/2018

83551

Hendry County SO

NORWOOD,CHRISTOPHER,J

FONSECA PRIETO

07/19/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:38

# 1 0.133Subject Sample 01:38

1.449Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:40

# 2 0.142Subject Sample 01:42

1.566Breath Volume 01:42

0.000Air Blank 01:42

0.083Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 08/22/2017 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:0108/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:14

Hendry County SO

NORWOOD,CHRISTOPHER

10/02/2018

83551

Hendry County SO

NORWOOD,CHRISTOPHER,J

MAUCH

07/19/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.082Control Test 22:44

0.000Air Blank 22:44

# 1 0.162Subject Sample 22:45

2.695Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:47

# 2 0.162Subject Sample 22:48

2.441Breath Volume 22:48

0.000Air Blank 22:49

0.082Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:50

Data Download Date/Time: 08/22/2017 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1808/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:07

Clewiston PD

GREEN,CLIFTON

10/02/2018

83551

Hendry County SO

LAROSA,RYAN,M

CYPRESS

08/22/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.082Control Test 01:43

0.000Air Blank 01:43

# 1 0.300Subject Sample 01:44

3.453Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.297Subject Sample 01:47

2.523Breath Volume 01:47

0.000Air Blank 01:48

0.082Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 09/27/2017 19:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2408/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:34

Clewiston PD

NORWOOD,CHRISTOPHER

10/02/2018

83551

Hendry County SO

LAROSA,RYAN,M

LITCHMORE

08/22/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.082Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 09/27/2017 19:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:2508/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

16:17

Clewiston PD

SCRUGGS,D

10/02/2018

83551

Clewiston PD

MCNEIL,DARRIN,J

DUMELLE

08/22/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:47

0.000Air Blank 16:47

0.080Control Test 16:48

0.000Air Blank 16:48

# 1Subject Sample 16:49 Subject Test Refused

0.000Breath Volume 16:49

0.000Air Blank 16:49

0.079Control Test 16:49

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 09/27/2017 19:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0008/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:36

Clewiston PD

MCLAIN,KYLE

10/02/2018

83551

Hendry County SO

HESTER,JAMES,R

ACOSTA

08/22/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.174Subject Sample 01:23

1.117Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.154Subject Sample 01:28 Volume Not Met

0.546Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 3 0.168Subject Sample 01:34 Volume Not Met

0.421Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:36

Data Download Date/Time: 09/27/2017 19:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3108/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:36

Clewiston PD

MCLAIN,KYLE

10/02/2018

83551

Hendry County SO

HESTER,JAMES,R

ACOSTA

08/22/2017

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1 0.170Subject Sample 01:41

1.113Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.173Subject Sample 01:44

1.519Breath Volume 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 09/27/2017 19:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:2208/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:22

FHP Troop F

VALDES,JONATHAN

02/05/2019

34416080A2

FHP Troop F

VALDES,JONATHAN,

NICOLAS

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.078Control Test 04:59

0.000Air Blank 04:59

# 1 0.139Subject Sample 05:00

1.890Breath Volume 05:00

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.139Subject Sample 05:02

4.957Breath Volume 05:02

0.000Air Blank 05:03

0.078Control Test 05:03

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:57:3108/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:30

10:23

Lee County SO

GOULD,LEONARD

02/05/2019

34416080A2

Lee County SO

GOULD,LEONARD,

THEISEN

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:51

0.000Air Blank 11:51

0.079Control Test 11:51

0.000Air Blank 11:52

# 1 0.253Subject Sample 11:52

1.730Breath Volume 11:52

0.000Air Blank 11:53

0.000Air Blank 11:55

# 2 0.257Subject Sample 11:56

2.078Breath Volume 11:56

0.000Air Blank 11:56

0.078Control Test 11:56

0.000Air Blank 11:57

OKDiagnostics Check 11:57

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:3308/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:54

18:50

Lee County SO

BARRETT,D

02/05/2019

34416080A2

FFWCC (Lakeland)

MEYERS,F,E

WALDROP

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:35

0.078Control Test 20:35

0.000Air Blank 20:36

# 1 0.145Subject Sample 20:36

3.339Breath Volume 20:36

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.121Subject Sample 20:39

1.507Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 3 0.136Subject Sample 20:43

3.367Breath Volume 20:43

0.000Air Blank 20:43

0.079Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3208/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:45

Lee County SO

CALHOUN,K

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

JACOBS

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.091Subject Sample 00:57

1.664Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:1908/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

23:45

Lee County SO

CALHOUN,K

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

JACOBS

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.090Subject Sample 01:23

2.105Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.088Subject Sample 01:26

2.328Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0808/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:50

Lee County SO

GRUBER,S

02/05/2019

34416080A2

Fort Myers PD

SMITH,JOSIAH,R

CURRY

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.078Control Test 03:47

0.000Air Blank 03:47

# 1 0.248Subject Sample 03:49

1.156Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.247Subject Sample 03:52

1.363Breath Volume 03:52

0.000Air Blank 03:53

0.078Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4808/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:07

Lee County SO

PERRY,M

02/05/2019

34416080A2

Fort Myers PD

MEYERS,F,E

RIZO PATRON

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.000Subject Sample 00:57

2.722Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.000Subject Sample 01:00

1.964Breath Volume 01:00

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4608/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:11

Lee County SO

SCHILKE,C

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

WHITE

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:50

# 1 0.139Subject Sample 02:51

2.277Breath Volume 02:51

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.135Subject Sample 02:54

1.867Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:0408/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:46

Lee County SO

LINN,ADAM

02/05/2019

34416080A2

Lee County SO

AVENDANO,JUAN,M

SKINNER JR

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

# 1 0.166Subject Sample 02:16

1.957Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.172Subject Sample 02:19

1.734Breath Volume 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:21

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0708/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:39

Lee County SO

LUBERACK,NICHOLAS

02/05/2019

34416080A2

Lee Port Authority

AVENDANO,JUAN,M

SUKHDEO

07/26/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

# 1 0.129Subject Sample 02:32

2.570Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.120Subject Sample 02:35

1.687Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 08/09/2017 09:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:1508/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:36

Fort Myers PD

WITT,KELLY

02/05/2019

34416080A2

Fort Myers PD

WITT,KELLY,

SHERWOOD

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:32

# 1 0.192Subject Sample 00:33

2.472Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.183Subject Sample 00:36

2.449Breath Volume 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1608/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:38

Lee County SO

BAIR,J

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

BROWN

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

# 1 0.207Subject Sample 01:42

1.812Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.211Subject Sample 01:45

2.222Breath Volume 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:0008/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:28

FHP Troop F

RIVERA,J

02/05/2019

34416080A2

FHP Troop F

RIVERA,J,A

GODSEY-PURDEY

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:19

0.000Air Blank 02:19

# 1 0.185Subject Sample 02:20

3.539Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:22

# 2 0.197Subject Sample 02:23

3.722Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:25

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:2808/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:36

Fort Myers PD

WITT,KELLY

02/05/2019

34416080A2

Fort Myers PD

WITT,KELLY,

HUNSICKER

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

# 1 0.058Subject Sample 01:20

2.277Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.062Subject Sample 01:23

2.675Breath Volume 01:23

Air Blank 01:23 RFI Detect

0.000Air Blank 01:24

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1208/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:43

Lee County SO

CAIVANO,STACY

02/05/2019

34416080A2

Lee County SO

AVENDANO,JUAN,M

MORALES-RODRIGUEZ

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.079Control Test 22:37

0.000Air Blank 22:38

# 1 0.247Subject Sample 22:38

2.804Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.258Subject Sample 22:41

2.695Breath Volume 22:41

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:1908/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:06

Lee County SO

SANTOS,E

02/05/2019

34416080A2

Fort Myers PD

MEYERS,F,E

GIAMBALVO

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.078Control Test 23:43

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:5808/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:21

Lee County SO

CALHOUN,K

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

BROWN

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.046Subject Sample 00:21

2.691Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.041Subject Sample 00:24

1.363Breath Volume 00:24

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0608/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:46

Lee County SO

SCHILKE,C

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

LEE

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

# 1 0.192Subject Sample 01:03

4.246Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.198Subject Sample 01:06

4.093Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2608/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:47

Lee County SO

STREET,J

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

TORRA

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

# 1 0.236Subject Sample 02:24

2.769Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.228Subject Sample 02:27

2.222Breath Volume 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2108/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:50

Lee County SO

BAIR,J

02/05/2019

34416080A2

Lee County SO

MEYERS,F,E

AVONACO

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.078Control Test 04:45

0.000Air Blank 04:46

# 1 0.103Subject Sample 04:46

1.410Breath Volume 04:46

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.091Subject Sample 04:49

1.304Breath Volume 04:49

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:3908/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:45

Lee County SO

STROBEL,RAYMOND

02/05/2019

34416080A2

Lee County SO

STROBEL,RAYMOND,R

STANCEL

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.079Control Test 16:36

0.000Air Blank 16:36

# 1 0.036Subject Sample 16:37

1.363Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.042Subject Sample 16:41

2.343Breath Volume 16:41

0.000Air Blank 16:41

0.084Control Test 16:42

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3008/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:59

Lee County SO

SMITH,JOSIAH

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

JAUREGUI

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:17

# 1 0.075Subject Sample 03:18

3.738Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.072Subject Sample 03:21

2.566Breath Volume 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:3508/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

02:16

FHP Troop F

FARRIS,MICHAEL

02/05/2019

34416080A2

FHP Troop F

TROYER,KERNEY,R

TROYER

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:52

0.079Control Test 06:52

0.000Air Blank 06:53

# 1Subject Sample 06:53 Subject Test Refused

0.000Breath Volume 06:53

0.000Air Blank 06:53

0.079Control Test 06:54

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:3908/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

02:16

FHP Troop F

FARRIS,MICHAEL

02/05/2019

34416080A2

FHP Troop F

FARRIS,MICHAEL,T

TROYER

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

0.000Air Blank 06:58

0.079Control Test 06:58

0.000Air Blank 06:59

# 1Subject Sample 06:59 Subject Test Refused

0.000Breath Volume 06:59

0.000Air Blank 06:59

0.079Control Test 07:00

0.000Air Blank 07:00

OKDiagnostics Check 07:00

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4808/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:03

Lee County SO

BROWN,EARTHEN

02/05/2019

34416080A2

Lee County SO

VANPELT,JAMES,J

VEGA

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

# 1 0.263Subject Sample 02:05

3.203Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:07

# 2Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.077Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1408/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:16

Fort Myers PD

BREDECK,JORDAN

02/05/2019

34416080A2

Lee Port Authority

SCHAEFER,KENDALL,A

RODGERS

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:21

# 1 0.134Subject Sample 02:21

1.441Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.137Subject Sample 02:24

2.125Breath Volume 02:24

0.000Air Blank 02:25

0.076Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:3608/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

18:58

Lee County SO

LINDHOLM,J

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

MARTINEZ

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.078Control Test 20:35

0.000Air Blank 20:35

# 1Subject Sample 20:36 Slope Not Met

0.863Breath Volume 20:36

0.000Air Blank 20:36

0.079Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:4808/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

18:58

Lee County SO

LINDHOLM,J

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

MARTINEZ

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

# 1 0.247Subject Sample 21:02

1.117Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:04

# 2 0.254Subject Sample 21:05

1.222Breath Volume 21:05

0.000Air Blank 21:05

0.078Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:3508/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

18:05

Lee County SO

BROWN,EARTHEN

02/05/2019

34416080A2

Lee County SO

VANPELT,JAMES,J

MARTINEZ

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:12

0.079Control Test 19:12

0.000Air Blank 19:13

# 1 0.056Subject Sample 19:14

2.425Breath Volume 19:14

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.052Subject Sample 19:18

1.828Breath Volume 19:18

0.000Air Blank 19:18

0.078Control Test 19:19

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:0508/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:37

Lee County SO

SMITH,JOSIAH

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

HASSAN GONZALEZ

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.019Subject Sample 00:15

2.632Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2Subject Sample 00:18 Subject Test Refused

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 09/20/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0608/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:18

Lee County SO

BROWN,EARTHEN

02/05/2019

34416080A2

Lee County SO

VANPELT,JAMES,J

SPENCER

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:10

# 1 0.150Subject Sample 03:11

3.339Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.153Subject Sample 03:14

3.410Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 09/20/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001208CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:1208/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:24

Lee County SO

SAMMUT,ALEXANDER

02/05/2019

34416080A2

Lee County SO

VANPELT,JAMES,J

OLLIE

08/09/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.154Subject Sample 04:26

1.304Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.148Subject Sample 04:29

1.210Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 09/20/2017 12:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0808/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:59

Tyndall AFB PD

WEBER,JEFFREY

01/05/2019

32316080A3

Tyndall AFB PD

WEBER,JEFFREY,J

EADS

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:21

# 1 0.055Subject Sample 02:22

2.480Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.057Subject Sample 02:25

2.996Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:5108/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:05

06:47

Tyndall AFB PD

SINGLETON,MATTHEW

06/05/2018

12716080A5

Tyndall AFB PD

CORONA,LAUREN,A

OBLENESS

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:28

0.000Air Blank 07:29

0.079Control Test 07:29

0.000Air Blank 07:30

# 1 0.204Subject Sample 07:30

1.457Breath Volume 07:30

0.000Air Blank 07:31

0.000Air Blank 07:33

# 2 0.213Subject Sample 07:34

2.210Breath Volume 07:34

0.000Air Blank 07:34

0.078Control Test 07:35

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:1708/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:36

Tyndall AFB PD

JOHNSON,CHRISTOPHER

06/05/2018

12716080A5

Tyndall AFB PD

JOHNSON,CHRISTOPHER,R

MARSH

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:27

0.000Air Blank 02:28

# 1 0.211Subject Sample 02:29

2.585Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.204Subject Sample 02:33

2.417Breath Volume 02:33

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1208/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

20:12

Tyndall AFB PD

TAYLOR,RYAN

01/05/2019

32316080A3

Tyndall AFB PD

DESMET,TORIN,W

PATTERSON

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:34

# 1 0.164Subject Sample 20:34

3.066Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.160Subject Sample 20:37

2.761Breath Volume 20:37

0.000Air Blank 20:38

0.078Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4008/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:50

Tyndall AFB PD

SKILBRED,SARAH

06/05/2018

12716080A5

Tyndall AFB PD

SKILBRED,SARAH,E

OLIVER

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.080Control Test 04:19

0.000Air Blank 04:19

# 1 0.165Subject Sample 04:20

1.574Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.161Subject Sample 04:23

2.015Breath Volume 04:23

0.000Air Blank 04:23

0.080Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1608/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:29

Tyndall AFB PD

WEBER,JEFFREY

01/05/2019

32316080A3

Tyndall AFB PD

WEBER,JEFFREY,J

THOMAS

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

# 1Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:1208/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

21:08

Tyndall AFB PD

JOHNSON,CHRISTOPHER

01/05/2019

32316080A3

Tyndall AFB PD

WEBER,JEFFREY,J

ROBERTSON

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.250Subject Sample 21:48

4.335Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.262Subject Sample 21:51

3.445Breath Volume 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:2508/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

05:26

05:22

Tyndall AFB PD

TAYLOR,CHARLES

06/05/2018

12716080A5

Tyndall AFB PD

DINGMAN,TYLER,A

POWELL

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:19

0.000Air Blank 06:20

0.080Control Test 06:20

0.000Air Blank 06:21

# 1 0.070Subject Sample 06:21

2.238Breath Volume 06:21

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.074Subject Sample 06:24

2.332Breath Volume 06:24

0.000Air Blank 06:25

0.080Control Test 06:25

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001230CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2208/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:22

Tyndall AFB PD

SWENSON,NATHANIEL

06/05/2018

12716080A5

Tyndall AFB PD

PLACE,NICHOLAS,T

OVERMAN

07/24/2017

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.000Subject Sample 04:45

1.687Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.000Subject Sample 04:49

1.320Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 08/31/2017 13:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3708/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Auburndale PD

BAKER,MATT

03/05/2019

03417080A3

Auburndale PD

BAKER,MATT,A

BAILEY

07/30/2017

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.000Control Test 01:30 RFI Detect

0.000Air Blank 01:30

Data Download Date/Time: 08/30/2017 22:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2108/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Auburndale PD

BAKER,MATT

03/05/2019

03417080A3

Auburndale PD

BAKER,MATT,A

BAILEY

07/30/2017

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.077Control Test 01:34

0.000Air Blank 01:34

# 1 0.201Subject Sample 01:35

1.550Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.193Subject Sample 01:38

1.718Breath Volume 01:38

0.000Air Blank 01:39

0.077Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 08/30/2017 22:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:5408/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:57

West Palm Beach PD

DONDE,J

10/30/2018

152169

West Palm Beach PD

DONDE,J,

FERRANTE PALUMBO

07/20/2017

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:31

0.000Air Blank 06:32

0.080Control Test 06:32

0.000Air Blank 06:33

# 1 0.000Subject Sample 06:34

3.406Breath Volume 06:34

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.000Subject Sample 06:37

3.933Breath Volume 06:37

0.000Air Blank 06:37

0.078Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 09/01/2017 08:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0608/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:07

West Palm Beach PD

SECORD,RYAN

10/30/2018

152169

West Palm Beach PD

SECORD,RYAN,T

GORDON

07/20/2017

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 09/01/2017 08:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:3308/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

15:07

West Palm Beach PD

DILLARD,DANIEL

10/30/2018

152169

West Palm Beach PD

SECORD,RYAN,T

ASHCRAFT II

07/20/2017

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:58

0.000Air Blank 15:59

0.080Control Test 15:59

0.000Air Blank 15:59

# 1Subject Sample 16:00 Subject Test Refused

0.000Breath Volume 16:00

0.000Air Blank 16:00

0.080Control Test 16:00

0.000Air Blank 16:01

OKDiagnostics Check 16:01

Data Download Date/Time: 09/01/2017 08:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001235CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3108/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:14

West Palm Beach PD

ANNESE,MORRIS

10/30/2018

152169

West Palm Beach PD

ANNESE,MORRIS,J

VELASQUEZ PEREZ

07/20/2017

8100.27

WEST PALM BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

# 1 0.231Subject Sample 00:17

1.468Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.253Subject Sample 00:22

2.917Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 3 0.247Subject Sample 00:24

3.144Breath Volume 00:24

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 09/01/2017 08:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:00:5208/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

14:00

13:59

Polk County SO

CHURCH,JOHN

10/05/2017

24515080A3

Polk County SO

CHURCH,JOHN,M

MOUSE

07/07/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:58

0.000Air Blank 14:58

0.079Control Test 14:58

0.000Air Blank 14:59

# 1Subject Sample 14:59 Subject Test Refused

0.000Breath Volume 14:59

0.000Air Blank 14:59

0.079Control Test 15:00

0.000Air Blank 15:00

OKDiagnostics Check 15:00

Data Download Date/Time: 08/04/2017 13:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:4608/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:10

Polk County SO

WOFFORD,CLINT

10/05/2017

24515080A3

Polk County SO

AUSTIN,ADAM,D

SMITH

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.154Subject Sample 01:09

1.589Breath Volume 01:09

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.157Subject Sample 01:12

1.628Breath Volume 01:12

0.000Air Blank 01:12

0.079Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3808/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:21

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

GRANT

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:27

# 1 0.152Subject Sample 20:29

1.199Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.165Subject Sample 20:33

1.355Breath Volume 20:33

0.000Air Blank 20:33

0.079Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:1708/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:31

FHP Troop C

MORA,AARON

09/05/2018

20016080A1

FHP Troop C

MORA,AARON,J

MIRANDA

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.078Control Test 20:57

0.000Air Blank 20:57

# 1 0.085Subject Sample 20:58

2.250Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.083Subject Sample 21:01

1.300Breath Volume 21:01

0.000Air Blank 21:02

0.077Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:4108/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:12

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

LAPONSEY

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

# 1 0.131Subject Sample 01:19

1.734Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.123Subject Sample 01:23

2.425Breath Volume 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:3108/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:46

Polk County SO

CHRISTELLO,CLIFFORD

09/05/2018

20016080A1

Polk County SO

CHRISTELLO,CLIFFORD,A

KINCAID

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

# 1 0.113Subject Sample 01:36

1.851Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.112Subject Sample 01:40

2.046Breath Volume 01:40

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:4408/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:16

Polk County SO

PENNELL,ADAM

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

POWERS

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

# 1 0.152Subject Sample 21:36

1.582Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.152Subject Sample 21:40

1.960Breath Volume 21:40

0.000Air Blank 21:40

0.078Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1808/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:04

Polk County SO

KALLMEYER,DANIEL

09/05/2018

20016080A1

Haines City PD

JUDAH,PATTY,A

REED

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:38

# 1 0.250Subject Sample 00:40

2.050Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.248Subject Sample 00:43

1.398Breath Volume 00:43

0.000Air Blank 00:44

0.078Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5308/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:22

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

HAULK

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1 0.157Subject Sample 02:22

1.683Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2Subject Sample 02:27 Subject Test Refused

0.742Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2208/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:21

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

RODRIGUEZ PEREZ

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.079Control Test 03:35

0.000Air Blank 03:35

# 1 0.216Subject Sample 03:37

2.628Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.199Subject Sample 03:40

1.679Breath Volume 03:40

0.000Air Blank 03:41

0.078Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:2208/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

15:20

Polk County SO

CLAROS,EDGAR

09/05/2018

20016080A1

Lake Wales PD

WALDRON,DAVID,A

CRISTOFARO

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:50

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

# 1 0.000Subject Sample 16:53

2.687Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.000Subject Sample 16:56

2.703Breath Volume 16:56

0.000Air Blank 16:56

0.078Control Test 16:56

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0008/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:51

Polk County SO

ARANA,DAVID

09/05/2018

20016080A1

Lake Wales PD

MCGOUGH,ADRIN,D

ENCISO

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

# 1 0.172Subject Sample 00:06

1.757Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.180Subject Sample 00:09

2.414Breath Volume 00:09

0.000Air Blank 00:10

0.076Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:52:2308/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

09:51

Polk County SO

OWUSU,BRANDON

09/05/2018

20016080A1

Polk County SO

OGG,DAVID,

SIDES

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:45

0.000Air Blank 10:46

0.080Control Test 10:46

0.000Air Blank 10:46

# 1 0.000Subject Sample 10:48

1.519Breath Volume 10:48

0.000Air Blank 10:48

0.000Air Blank 10:50

# 2 0.000Subject Sample 10:51

1.156Breath Volume 10:51

0.000Air Blank 10:51

0.079Control Test 10:51

0.000Air Blank 10:52

OKDiagnostics Check 10:52

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2008/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

21:52

Polk County SO

WARING,KELLY

09/05/2018

20016080A1

Haines City PD

BOOHER,JOY,S

EDWARDS

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:15

0.000Air Blank 03:15

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4508/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:37

Polk County SO

SINCLAIR,CAMERON

09/05/2018

20016080A1

Polk County SO

SINCLAIR,CAMERON,W

MCKINLEY

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:3808/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:48

06:13

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

VELAZQUEZ-RODRIGUEZ

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:24

0.000Air Blank 07:25

0.078Control Test 07:25

0.000Air Blank 07:26

# 1 0.116Subject Sample 07:27

2.355Breath Volume 07:27

0.000Air Blank 07:27

0.000Air Blank 07:29

# 2 0.107Subject Sample 07:30

1.382Breath Volume 07:30

0.000Air Blank 07:30

0.079Control Test 07:31

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4008/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:35

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

MACAULEY

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.143Subject Sample 02:28

2.882Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.152Subject Sample 02:31

1.707Breath Volume 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:2708/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:03

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

CELESTIN

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.079Control Test 05:35

0.000Air Blank 05:36

# 1Subject Sample 05:39 No Sample Provided

0.000Breath Volume 05:39

0.000Air Blank 05:39

0.000Air Blank 05:41

# 2Subject Sample 05:45 No Sample Provided

0.000Breath Volume 05:45

0.000Air Blank 05:45

0.080Control Test 05:45

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:5808/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:26

Polk County SO

WALDORFF,RUSSELL

09/05/2018

20016080A1

FHP Troop C

PITTS,JAMES,J

GREEN

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:28

0.000Air Blank 06:29

0.080Control Test 06:29

0.000Air Blank 06:30

# 1 0.096Subject Sample 06:30

2.203Breath Volume 06:30

0.000Air Blank 06:31

0.000Air Blank 06:32

# 2 0.091Subject Sample 06:33

2.218Breath Volume 06:33

0.000Air Blank 06:34

0.080Control Test 06:34

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:2208/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

20:59

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

MCNEIL JR

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:32

# 1Subject Sample 22:35 No Sample Provided

0.000Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2Subject Sample 22:41 No Sample Provided

0.000Breath Volume 22:41

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:3308/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:02

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

BOOHER,JOY,S

HATCHETT

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

# 1Subject Sample 20:02 Subject Test Refused

0.000Breath Volume 20:02

0.000Air Blank 20:02

0.080Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:5108/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:38

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

MOXLEY

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:32

# 1 0.000Subject Sample 20:33

1.343Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.000Subject Sample 20:38

1.933Breath Volume 20:38

0.000Air Blank 20:38

0.080Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2308/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:38

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

VAN DEUSEN

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:33

# 1 0.134Subject Sample 02:34

2.496Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.123Subject Sample 02:37

1.550Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:05:5008/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

10:49

Polk County SO

TURNAGE,MELISSA

09/05/2018

20016080A1

Polk County SO

PRINCE,CHARLTON,D

BEREZANSKA

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:54

0.000Air Blank 11:54

0.080Control Test 11:55

0.000Air Blank 11:55

# 1 0.170Subject Sample 11:58 Volume Not Met

0.160Breath Volume 11:58

0.000Air Blank 11:59

0.000Air Blank 12:01

# 2 0.199Subject Sample 12:01

1.933Breath Volume 12:01

0.000Air Blank 12:02

0.000Air Blank 12:04

# 3 0.210Subject Sample 12:04

1.511Breath Volume 12:04

Air Blank 12:05 RFI Detect

0.000Air Blank 12:05

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3608/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:50

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

SANTIAGO-HERNANDEZ

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.191Subject Sample 02:12

1.976Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.172Subject Sample 02:15

1.640Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5808/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:30

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

DAVIS

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

# 1 0.180Subject Sample 02:43

1.480Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.172Subject Sample 02:46

1.273Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:1808/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:45

FHP Troop C

KHAN,WAKEEL

09/05/2018

20016080A1

FHP Troop C

KHAN,WAKEEL,

CAMPBELL

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

# 1 0.060Subject Sample 04:50

2.968Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.059Subject Sample 04:53

3.621Breath Volume 04:53

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3608/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:33

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

FELICIANO

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.079Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3408/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

01:06

Polk County SO

ELROD,ANDREW

09/05/2018

20016080A1

Lake Wales PD

LOUD,JOHN,D

VOGEL

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:0108/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:11

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

ADGATE

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.218Subject Sample 21:22

1.328Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.215Subject Sample 21:26

1.542Breath Volume 21:26

0.000Air Blank 21:27

0.000Control Test 21:27 RFI Detect

0.000Air Blank 21:28

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:0508/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:11

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

ADGATE

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.078Control Test 21:34

0.000Air Blank 21:35

# 1 0.206Subject Sample 21:35

1.800Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.208Subject Sample 21:38

1.839Breath Volume 21:38

0.000Air Blank 21:39

0.078Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 09/06/2017 13:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4208/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:18

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

BRYAN

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.079Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4408/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:06

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

BOOHER,JOY,S

MILLS

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

# 1 0.101Subject Sample 02:25

1.527Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.096Subject Sample 02:28

1.445Breath Volume 02:28

0.000Air Blank 02:28

0.078Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1708/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:43

Polk County SO

VIERA,EMMANUEL

09/05/2018

20016080A1

Lake Wales PD

PHILLIPS,JORDAN,W

NERIO

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:41 Subject Test Refused

0.000Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4908/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:43

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

LARR

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.053Subject Sample 01:12

2.710Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.057Subject Sample 01:16

2.871Breath Volume 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4108/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

20:41

FHP Troop C

WALDORFF,RUSSELL

09/05/2018

20016080A1

FHP Troop C

WALDORFF,RUSSELL,G

WELCH

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

# 1 0.123Subject Sample 22:12

1.773Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.114Subject Sample 22:15

1.480Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1808/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:47

Polk County SO

SINCLAIR,CAMERON

09/05/2018

20016080A1

Polk County SO

SINCLAIR,CAMERON,W

FANDRICH

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.350Subject Sample 03:30

1.738Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.348Subject Sample 03:34

1.710Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:1608/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:30

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

DYER

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

# 1 0.167Subject Sample 03:50

1.906Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.173Subject Sample 03:53

2.957Breath Volume 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:0208/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:35

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

GLISSON

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.079Control Test 05:13

0.000Air Blank 05:13

# 1Subject Sample 05:16 No Sample Provided

0.000Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.160Subject Sample 05:22 Volume Not Met

0.031Breath Volume 05:22

0.000Air Blank 05:23

0.079Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:24

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:4408/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:35

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

GLISSON

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.079Control Test 05:28

0.000Air Blank 05:28

# 1 0.192Subject Sample 05:31 Volume Not Met

0.246Breath Volume 05:31

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.166Subject Sample 05:37 Volume Not Met

0.019Breath Volume 05:37

0.000Air Blank 05:37

0.079Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:0808/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:45

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

WHITE

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:10

# 1 0.171Subject Sample 00:12

2.765Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:14

# 2 0.167Subject Sample 00:15

2.242Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:0508/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:13

Polk County SO

ROBERTSON,S

09/05/2018

20016080A1

Lake Wales PD

ALSTON,SONDRA,L

LOGHRY

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:23

0.079Control Test 17:23

0.000Air Blank 17:24

# 1 0.297Subject Sample 17:25

4.113Breath Volume 17:25

0.000Air Blank 17:26

0.000Air Blank 17:27

# 2 0.305Subject Sample 17:28

3.496Breath Volume 17:28

0.000Air Blank 17:29

0.079Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:30

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:3808/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:53

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

SHELDON

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:10

1.449Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:13

1.433Breath Volume 03:13

0.000Air Blank 03:13

0.079Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3108/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:20

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

HEGLIN

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

# 1Subject Sample 04:40 Subject Test Refused

0.000Breath Volume 04:40

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:0008/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:07

04:27

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

DAVIS

08/04/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

# 1 0.165Subject Sample 06:40

1.769Breath Volume 06:40

0.000Air Blank 06:41

0.000Air Blank 06:43

# 2 0.170Subject Sample 06:44

1.800Breath Volume 06:44

0.000Air Blank 06:45

0.079Control Test 06:45

0.000Air Blank 06:45

OKDiagnostics Check 06:46

Data Download Date/Time: 09/06/2017 13:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:5408/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:28

15:08

Edgewater PD

EPITROPOULOS,SAMUEL

04/13/2020

765462

Edgewater PD

BINZ,STEPHEN,D

ANDERSON

07/23/2017

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:48

0.000Air Blank 15:48

0.081Control Test 15:49

0.000Air Blank 15:49

# 1 0.029Subject Sample 15:52

1.167Breath Volume 15:52

0.000Air Blank 15:53

0.000Air Blank 15:54

# 2 0.028Subject Sample 15:58 Volume Not Met

0.152Breath Volume 15:58

0.000Air Blank 15:58

0.000Air Blank 16:00

# 3 0.026Subject Sample 16:02

1.214Breath Volume 16:02

0.000Air Blank 16:02

0.079Control Test 16:03

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 08/28/2017 07:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:1008/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:25

FHP Troop G

CONRAD,CHRISTOPHER

02/05/2018

31311080A1

FHP Troop G

CONRAD,CHRISTOPHER,

WILLIAMS

08/01/2017

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.078Control Test 22:28

0.000Air Blank 22:29

# 1 0.203Subject Sample 22:29

1.359Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.198Subject Sample 22:32

1.167Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 08/29/2017 19:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:0308/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:46

FHP Troop G

STEPHENS,ZACHARY

02/05/2018

01316080A2

FHP Troop G

STEPHENS,ZACHARY,A

RODRIGUEZ

08/29/2017

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

# 1 0.149Subject Sample 23:36

1.683Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.148Subject Sample 23:39

1.746Breath Volume 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:41

Data Download Date/Time: 10/02/2017 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001254CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:2508/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:13

FHP Troop E

MARTIN,SHAWN

01/31/2020

686331

FHP Troop E

MARTIN,SHAWN,W

PATRICK

07/19/2017

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 08/02/2017 15:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001256CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0708/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

03:08

Orange County SO

MORRIS,STEVE

11/05/2018

26316080A1

Orlando PD

KOSH,TOBI,J

VEGA

07/12/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:50

# 1 0.149Subject Sample 03:52

1.882Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.149Subject Sample 03:57

2.062Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 08/10/2017 15:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3308/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:21

Orange County SO

MOCK,ERIC

01/05/2018

34015080A2

Orange County SO

HARDEN,WILLIAM,L

LUGO

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1 0.156Subject Sample 03:23

1.296Breath Volume 03:23

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.167Subject Sample 03:26

2.136Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:4108/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:09

Orange County SO

RYHNES,JAMES

01/05/2018

34015080A2

Orange County SO

HARDEN,WILLIAM,L

GASCA

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1108/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:35

Orange County SO

MASSICOTTE,MICHAEL

01/05/2018

34015080A2

Orlando PD

HARDEN,WILLIAM,L

PETERS

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

# 1 0.203Subject Sample 03:18

1.824Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.211Subject Sample 03:21

2.019Breath Volume 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5308/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:19

Orange County SO

CAMPBELL,CRAIG

01/05/2018

34015080A2

Orange County SO

HARDEN,WILILAM,L

GARCIA

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

# 1Subject Sample 04:08 No Sample Provided

0.000Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2Subject Sample 04:14 No Sample Provided

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:2408/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

01:05

23:09

Orange County SO

MARROQUIN,R

01/05/2018

34015080A2

FFWCC (Ocala)

OKEEFE,ALEXIS,J

BEARMAN

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:29

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3708/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:16

Orange County SO

HAWKINS,DEBBIE

01/05/2018

34015080A2

FHP Troop D

HARDEN,WILLIAM,L

MPUTU

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.162Subject Sample 04:35

2.933Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.154Subject Sample 04:38

2.949Breath Volume 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:4808/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:31

Orange County SO

SIMPSON,J

01/05/2018

34015080A2

FHP Troop D

OKEEFE,ALEXIS,J

DAVIS

08/17/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:28

# 1 0.147Subject Sample 21:28

1.679Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 2 0.147Subject Sample 21:31

1.476Breath Volume 21:31

0.000Air Blank 21:31

0.079Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 09/07/2017 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:08:4108/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:23

07:23

Rockledge PD

NAVIGATO,ALLISON

09/13/2019

572920

Rockledge PD

CLARK,JAMES,P

TURNER

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:00

0.000Air Blank 08:01

0.079Control Test 08:01

0.000Air Blank 08:02

# 1 0.000Subject Sample 08:04

3.742Breath Volume 08:04

0.000Air Blank 08:04

0.000Air Blank 08:06

# 2 0.000Subject Sample 08:07

4.773Breath Volume 08:07

0.000Air Blank 08:07

0.078Control Test 08:08

0.000Air Blank 08:08

OKDiagnostics Check 08:08

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1508/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:02

Rockledge PD

CAMPBELL,LATRAVIOUS

09/13/2019

572920

Rockledge PD

KENNEDY,PATRICK,W

BOWMAN

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1508/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:18

Rockledge PD

CAMPBELL,LATRAVIOUS

09/13/2019

572920

Rockledge PD

KENNEDY,PATRICK,W

LOWELL

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

# 1 0.256Subject Sample 00:20

1.816Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.265Subject Sample 00:23

2.402Breath Volume 00:23

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4008/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:58

Rockledge PD

STRICKLAND,WINFRED

09/13/2019

572920

Rockledge PD

KENNEDY,PATRICK,W

RAKETSKY

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:40

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:42

0.078Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:2708/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:36

Rockledge PD

GARNER,TYRELL

09/13/2019

572920

Rockledge PD

CASEY,COREY,M

BARRERA-GALDAMEZ

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.079Control Test 05:11

0.000Air Blank 05:12

# 1Subject Sample 05:13 Subject Test Refused

0.000Breath Volume 05:13

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3708/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:24

Rockledge PD

STRICKLAND,WINFRED

09/13/2019

572920

Rockledge PD

KENNEDY,PATRICK,W

ROSSIELLO

07/28/2017

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:56

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.079Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 08/28/2017 09:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:5508/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:51

18:18

Melbourne PD

HESSION,CHRISTOPHER

02/21/2020

712031

Melbourne PD

HESSION,CHRISTOPHER,S

MILDEN

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:38

0.000Air Blank 18:39

0.081Control Test 18:39

0.000Air Blank 18:40

# 1 0.190Subject Sample 18:42

1.347Breath Volume 18:42

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.185Subject Sample 18:46

1.261Breath Volume 18:46

0.000Air Blank 18:46

0.079Control Test 18:47

0.000Air Blank 18:47

OKDiagnostics Check 18:47

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:2808/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:12

Melbourne PD

MILLER,MATTHEW

02/21/2020

712031

Melbourne PD

MILLER,MATTHEW,G

CROSBY

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.080Control Test 22:55

0.000Air Blank 22:55

# 1 0.079Subject Sample 22:56

1.332Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.077Subject Sample 22:59

1.691Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:22:5108/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:52

12:33

Melbourne PD

HESSION,CHRISTOPHER

02/21/2020

712031

Melbourne PD

HESSION,CHRISTOPHER,S

MEIER

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:16

0.000Air Blank 13:16

0.081Control Test 13:17

0.000Air Blank 13:17

# 1 0.000Subject Sample 13:18

2.039Breath Volume 13:18

0.000Air Blank 13:18

0.000Air Blank 13:20

# 2 0.000Subject Sample 13:21

2.171Breath Volume 13:21

0.000Air Blank 13:21

0.080Control Test 13:22

0.000Air Blank 13:22

OKDiagnostics Check 13:22

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:0908/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:28

Melbourne PD

FERGUSON,STEVE

02/21/2020

712031

Melbourne PD

BLAIR,JEFFERY,L

WHITAKER

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

# 1 0.217Subject Sample 00:57

2.496Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.221Subject Sample 01:00

2.640Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1408/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:45

Melbourne PD

FERGUSON,STEVEN

02/21/2020

712031

Melbourne PD

LIVINGSTON,CHRISTOPHER,S

LACEY

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

# 1 0.179Subject Sample 02:49 Volume Not Met

0.136Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.201Subject Sample 02:55 Volume Not Met

0.316Breath Volume 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0308/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:45

Melbourne PD

FERGUSON,STEVEN

02/21/2020

712031

Melbourne PD

LIVINGSTON,CHRISTOPHER,S

LACEY

07/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.215Subject Sample 03:14

1.804Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.188Subject Sample 03:18

1.558Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 3 0.192Subject Sample 03:23

1.699Breath Volume 03:23

0.000Air Blank 03:24

0.070Control Test 03:24 Control Outside Tolerance

0.000Air Blank 03:25

Data Download Date/Time: 08/31/2017 12:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5208/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:59

Melbourne PD

CARLSON,EDWIN

02/21/2020

712031

Melbourne PD

CARLSON,EDWIN,J

DELAMORINIERE

08/31/2017

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.081Control Test 22:44

0.000Air Blank 22:45

# 1 0.000Subject Sample 22:45

1.855Breath Volume 22:45

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.000Subject Sample 22:48

1.949Breath Volume 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 09/26/2017 11:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3608/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

23:17

Satellite Beach PD

FULLER,ERIC

03/05/2019

03417080A1

Satellite Beach PD

MCCRANN,SEAN,M

ROBERTS

07/15/2017

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.081Control Test 01:27

0.000Air Blank 01:27

# 1 0.125Subject Sample 01:29

1.425Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.120Subject Sample 01:32

1.378Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 08/25/2017 23:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:3108/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:37

Brevard County SO

GLEASON,WILLIAM

06/05/2018

12716080A5

Brevard County SO

GLEASON,WILLIAM,L

SCHNEERER

07/26/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:01

# 1 0.176Subject Sample 03:01

3.019Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.168Subject Sample 03:05

2.351Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 08/23/2017 19:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1308/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:31

Brevard County SO

STANTON,KEVIN

06/05/2018

12716080A5

Brevard County SO

STANTON,KEVIN,J

HEATON

07/26/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.142Subject Sample 00:52

3.554Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.134Subject Sample 00:55

2.820Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 08/23/2017 19:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4908/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:31

Brevard County SO

EASTMAN,MATTHEW

06/05/2018

12716080A5

Brevard County SO

ELLISON,JOSH,G

SMITH

07/26/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

# 1 0.136Subject Sample 00:28 Volume Not Met

0.679Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.160Subject Sample 00:31

1.519Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 3 0.160Subject Sample 00:35

1.421Breath Volume 00:35

0.000Air Blank 00:35

0.080Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 08/23/2017 19:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4208/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:06

Brevard County SO

DOWDING,BETHANY

06/05/2018

12716080A5

Brevard County SO

DOWDING,BETHANY,D

PRICE

07/26/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1 0.052Subject Sample 02:39

2.121Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.052Subject Sample 02:43

2.199Breath Volume 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 08/23/2017 19:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0708/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:51

Brevard County SO

BARRETT,TAYLOR

06/05/2018

12716080A5

Brevard County SO

WILKIN,SEAN,D

EVANS

07/26/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.137Subject Sample 00:47

2.257Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.130Subject Sample 00:50

1.484Breath Volume 00:50

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 08/23/2017 19:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:4808/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:46

Brevard County SO

BRATSCH,CASEY

06/05/2018

12716080A5

Brevard County SO

BRATSCH,CASEY,R

STEVENS

08/23/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.081Control Test 21:41

0.000Air Blank 21:42

# 1 0.361Subject Sample 21:42

1.175Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:44

# 2 0.372Subject Sample 21:46

1.476Breath Volume 21:46

0.000Air Blank 21:46

0.078Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 09/29/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0108/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:36

Brevard County SO

DAUGIRDAS,CHRISTIAN

06/05/2018

12716080A5

Brevard County SO

CLEVELAND,WILLIAM,S

WEAVER

08/23/2017

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.126Subject Sample 02:58

1.242Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.124Subject Sample 03:01

1.414Breath Volume 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:03

Data Download Date/Time: 09/29/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0408/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:35

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

KOCESKI

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

# 1 0.124Subject Sample 02:48

1.121Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.128Subject Sample 02:51

2.175Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:53

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2408/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:26

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

SORDEN

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.093Subject Sample 00:37

1.804Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.098Subject Sample 00:39

1.531Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:1808/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:35

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

JOHNSON

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.077Control Test 23:41

0.000Air Blank 23:42

# 1Subject Sample 23:42 RFI Detect

0.140Breath Volume 23:42

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:3608/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:35

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

JOHNSON

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:47

0.000Air Blank 23:48

# 1 0.179Subject Sample 23:50

1.152Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.182Subject Sample 23:55

1.101Breath Volume 23:55

0.000Air Blank 23:55

0.077Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3408/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:30

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

ROBINSON

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:37

# 1 0.177Subject Sample 00:38

1.226Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.169Subject Sample 00:41

2.601Breath Volume 00:41

0.000Air Blank 00:41

0.077Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:3008/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:45

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

MILLINGTON

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:50

# 1 0.202Subject Sample 22:51

1.871Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.185Subject Sample 22:55

1.828Breath Volume 22:55

0.000Air Blank 22:55

0.078Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2308/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:17

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

HAAS

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.077Control Test 02:23

0.000Air Blank 02:24

# 1 0.171Subject Sample 02:25

1.289Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.165Subject Sample 02:30

1.519Breath Volume 02:30

0.000Air Blank 02:31

0.078Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4308/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:50

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

DESPEAUX

07/12/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

# 1 0.085Subject Sample 22:04

1.785Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 2 0.087Subject Sample 22:07

2.203Breath Volume 22:07

0.000Air Blank 22:07

0.078Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 08/17/2017 18:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:2608/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:42

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

JOHNSON

08/17/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:55

# 1 0.213Subject Sample 00:57

1.121Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.215Subject Sample 01:02

1.316Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 09/29/2017 22:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1508/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:50

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

SASSER

08/17/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

# 1 0.000Subject Sample 02:06 Volume Not Met

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:11 No Sample Provided

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 09/29/2017 22:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5608/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

22:38

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

RHODES

08/17/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

# 1 0.044Subject Sample 22:44

1.796Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.043Subject Sample 22:47

1.621Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 09/29/2017 22:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0908/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:41

Palm Bay PD

LUTZ,EDWIN

10/05/2017

24515080A2

Palm Bay PD

LUTZ,EDWIN,J

HOWELL

08/17/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

# 1 0.145Subject Sample 01:54

1.562Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.147Subject Sample 01:57

1.507Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/29/2017 22:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:4208/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:42

Seminole County SO

CORCHADO,HUNTER

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

EVENSEN

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.078Control Test 21:06

0.000Air Blank 21:06

# 1 0.000Subject Sample 21:07

2.429Breath Volume 21:07

0.000Air Blank 21:07

0.000Air Blank 21:09

# 2 0.000Subject Sample 21:10

2.476Breath Volume 21:10

0.000Air Blank 21:10

0.079Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0008/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

20:50

Seminole County SO

DIEHL,MATTHEW

01/08/2018

1787697

Winter Springs PD

GARCIA,RAY,

SAMUELSON

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.079Control Test 01:11

0.000Air Blank 01:11

# 1 0.217Subject Sample 01:12

1.882Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.217Subject Sample 01:15

2.363Breath Volume 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:17

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3008/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:41

Seminole County SO

MARRERO,EDWIN

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

ESPADA

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.079Control Test 05:11

0.000Air Blank 05:12

# 1 0.029Subject Sample 05:12

1.468Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.029Subject Sample 05:16

1.265Breath Volume 05:16

0.000Air Blank 05:16

0.079Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0808/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:40

Seminole County SO

CASTELEIRO,ANTHONY

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

SANCHEZ

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.078Control Test 23:31

0.000Air Blank 23:32

# 1 0.340Subject Sample 23:33

1.269Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.334Subject Sample 23:36

2.058Breath Volume 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1308/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:30

Seminole County SO

ROSS,JACOB

01/08/2018

1787697

Altamonte Springs PD

GARCIA,RAY,

SMITHEY

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.150Subject Sample 01:29

1.769Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.151Subject Sample 01:32

1.339Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1008/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:06

Seminole County SO

RINCON,RENZO

01/08/2018

1787697

Casselberry PD

GARCIA,RAY,

QUINN

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1 0.129Subject Sample 03:22

1.460Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.128Subject Sample 03:25

1.648Breath Volume 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:1208/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:36

Seminole County SO

WARREN,QUINTON

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

PANORA

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:36

# 1 0.180Subject Sample 04:36

1.648Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.177Subject Sample 04:39

1.394Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:0608/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:01

Seminole County SO

MOREL,ANTHONY

01/08/2018

1787697

Winter Springs PD

GARCIA,RAY,

MALONE

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:18

# 1 0.223Subject Sample 23:19

1.539Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.229Subject Sample 23:22

1.480Breath Volume 23:22

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:1108/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:02

Seminole County SO

DAIL,EDD

01/08/2018

1787697

Oviedo PD

GARCIA,RAY,

MOHLER

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

# 1 0.171Subject Sample 00:57

2.542Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.169Subject Sample 01:00

2.640Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:2608/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:45

Seminole County SO

BAILEY,GENE

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

BUTTRUM

07/28/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1 0.130Subject Sample 03:47

1.933Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.120Subject Sample 03:49

1.277Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:56:4708/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:30

11:10

Seminole County SO

GRAHAM,K

01/08/2018

1787697

Winter Springs PD

ANCION,CALIX,

BROWN

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:50

0.000Air Blank 11:50

0.079Control Test 11:51

0.000Air Blank 11:51

# 1 0.155Subject Sample 11:52

1.902Breath Volume 11:52

0.000Air Blank 11:52

0.000Air Blank 11:54

# 2 0.161Subject Sample 11:55

1.824Breath Volume 11:55

0.000Air Blank 11:55

0.079Control Test 11:56

0.000Air Blank 11:56

OKDiagnostics Check 11:56

Data Download Date/Time: 08/13/2017 20:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:5208/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

17:58

Seminole County SO

WILLIAMS,JAMES D.

01/08/2018

1787697

Winter Springs PD

GARCIA,RAY,

EARHART

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:51

# 1 0.190Subject Sample 21:52

2.214Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:54

# 2 0.183Subject Sample 21:55

2.027Breath Volume 21:55

0.000Air Blank 21:55

0.078Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:3908/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:55

Seminole County SO

MORRIS,ERIC

01/08/2018

1787697

Winter Springs PD

GARCIA,RAY,

MINNIX

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

# 1 0.000Subject Sample 01:13

2.894Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.000Subject Sample 01:16

3.085Breath Volume 01:16

0.000Air Blank 01:16

0.078Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:1508/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:03

Seminole County SO

CATALANO,JOHN

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

BALLENTINE

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:18

0.000Air Blank 02:19

# 1 0.113Subject Sample 02:20

1.359Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.105Subject Sample 02:23

1.203Breath Volume 02:23

0.000Air Blank 02:24

0.077Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1308/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:24

Seminole County SO

ARGENTINE,BRITTANY

01/08/2018

1787697

Oviedo PD

GARCIA,RAY,

BARNES

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

# 1 0.253Subject Sample 02:45

2.101Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.234Subject Sample 02:48

1.738Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:4108/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

18:39

Seminole County SO

RICON,RENZO

01/08/2018

1787697

Casselberry PD

GARCIA,RAY,

RICHART

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:28

# 1 0.000Subject Sample 21:29

2.621Breath Volume 21:29

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.000Subject Sample 21:32

3.207Breath Volume 21:32

0.000Air Blank 21:32

0.079Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3308/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:07

Seminole County SO

SPENCER,JOHN

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

CASH

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

# 1 0.155Subject Sample 04:00

1.273Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.156Subject Sample 04:05

1.355Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:2408/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:01

Seminole County SO

COREY,TIMOTHY

01/08/2018

1787697

Seminole County SO

GARCIA,RAY,

RAINES JR.

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

# 1 0.262Subject Sample 22:04

1.308Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.255Subject Sample 22:07

1.730Breath Volume 22:07

0.000Air Blank 22:08

0.078Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3408/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:18

Seminole County SO

KNIGHT,RYAN

01/08/2018

1787697

Maitland PD

GARCIA,RAY,

CONNER

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.151Subject Sample 04:35

1.835Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.176Subject Sample 04:38

2.859Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 3 0.153Subject Sample 04:41

1.609Breath Volume 04:41

0.000Air Blank 04:41

0.078Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:0808/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

04:52

Seminole County SO

REZNY,L

01/08/2018

1787697

Altamonte Springs PD

ANCION,CALIX,

CAHUANA

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:50

0.000Air Blank 07:50

0.078Control Test 07:51

0.000Air Blank 07:51

# 1 0.065Subject Sample 07:52

1.957Breath Volume 07:52

0.000Air Blank 07:53

0.000Air Blank 07:54

# 2 0.062Subject Sample 07:55

2.093Breath Volume 07:55

0.000Air Blank 07:56

0.078Control Test 07:56

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:4108/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:59

Seminole County SO

MATRE,BRENT

01/08/2018

1787697

Seminole County SO

BERRIOS,STEPHANIE,A

COSME ESMURREA

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:04

0.000Air Blank 00:04

# 1 0.237Subject Sample 00:05

2.140Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.230Subject Sample 00:09

2.335Breath Volume 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001271CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0808/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:32

Seminole County SO

RABORN,CHAD

01/08/2018

1787697

Seminole County SO

BERRIOS,STEPHANIE,A

GREEN

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.151Subject Sample 02:35

2.570Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:37

# 2 0.167Subject Sample 02:38

2.070Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 10/03/2017 02:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


