
80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:5809/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:06

Seminole County SO

RODRIGUEZ,JOE

02/15/2019

282638

Longwood PD

GARCIA,RAY,

BALSAVAGE

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:18

# 1 0.238Subject Sample 00:19

1.640Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.237Subject Sample 00:22

2.382Breath Volume 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4409/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:05

Seminole County SO

DAIL,EDD

02/15/2019

282638

Oviedo PD

DIBONA,MARK,

ESPINOSA

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.079Control Test 22:25

0.000Air Blank 22:25

# 1 0.224Subject Sample 22:28 Volume Not Met

0.183Breath Volume 22:28

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.256Subject Sample 22:31

2.386Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 3 0.247Subject Sample 22:36

2.171Breath Volume 22:36

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:1209/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

18:59

Seminole County SO

REHDER,PATRICK

02/15/2019

282638

Seminole County SO

DIBONA,MARK,

ROTH

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.079Control Test 20:20

0.000Air Blank 20:20

# 1 0.186Subject Sample 20:21

1.945Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:23

# 2 0.167Subject Sample 20:24

1.218Breath Volume 20:24

0.000Air Blank 20:25

0.079Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:2009/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

05:10

Seminole County SO

MCGRATH,J

02/15/2019

282638

Seminole County SO

ANCION,CALIX,

OZIAS

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:21

0.000Air Blank 07:21

0.080Control Test 07:21

0.000Air Blank 07:22

# 1 0.000Subject Sample 07:22

3.382Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.000Subject Sample 07:25

2.664Breath Volume 07:25

0.000Air Blank 07:26

0.079Control Test 07:26

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1709/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:40

FHP Troop D

BURNETT,WINSTON

02/15/2019

282638

FHP Troop D

SILVERS,JULES,M

JIMENEZ

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:20

# 1 0.140Subject Sample 21:22

2.519Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 2 0.129Subject Sample 21:26

3.136Breath Volume 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:3809/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:36

Seminole County SO

MCGRATH,J

02/15/2019

282638

Seminole County SO

ANCION,CALIX,

MORALES RODRIGUEZ

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:25

0.000Air Blank 08:25

0.079Control Test 08:26

0.000Air Blank 08:26

# 1 0.103Subject Sample 08:27

1.574Breath Volume 08:27

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.111Subject Sample 08:31

1.324Breath Volume 08:31

0.000Air Blank 08:31

0.079Control Test 08:32

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4209/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:15

Seminole County SO

WILLIAMS,SPENCER

02/15/2019

282638

Seminole County SO

MEADOWS,SHAWN,M

GONZALEZ

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.194Subject Sample 04:12

2.792Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.201Subject Sample 04:16

2.886Breath Volume 04:16

0.000Air Blank 04:16

0.079Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:3409/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:25

Seminole County SO

MADEWELL,TYLER

02/15/2019

282638

Seminole County SO

MEADOWS,SHAWN,M

VASQUEZ

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:40

# 1 0.166Subject Sample 04:41

1.363Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.178Subject Sample 04:46

2.039Breath Volume 04:46

0.000Air Blank 04:46

0.079Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1009/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:35

Seminole County SO

ALBRECHT,CHARLES

02/15/2019

282638

Seminole County SO

MEADOWS,SHAWN,M

SEPULVEDA RODRIGUEZ

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.079Control Test 05:24

0.000Air Blank 05:25

# 1 0.128Subject Sample 05:25

3.957Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.127Subject Sample 05:28

4.402Breath Volume 05:28

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:0609/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:14

Seminole County SO

HEIM,EDWARD

02/15/2019

282638

Oviedo PD

MEADOWS,SHAWN,M

TANIS

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:52

# 1 0.163Subject Sample 04:53

3.734Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.164Subject Sample 04:56

2.675Breath Volume 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3109/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:41

Seminole County SO

SIMMONS,MAQIA

02/15/2019

282638

Altamonte Springs PD

BETHAM,KEITH,D

VINSON

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.079Control Test 00:10

0.000Air Blank 00:10

# 1 0.239Subject Sample 00:11

1.730Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.223Subject Sample 00:15

1.558Breath Volume 00:15

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:4509/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:46

Seminole County SO

COLBURN,MEGAN

02/15/2019

282638

Casselberry PD

BETHAM,KEITH,D

MCELROY

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

# 1 0.079Subject Sample 01:48

2.003Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.075Subject Sample 01:52

1.546Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2809/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:00

Seminole County SO

WILLIAMS,SPENSER

02/15/2019

282638

Seminole County SO

BETHAM,KEITH,D

PARR

08/11/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

# 1 0.079Subject Sample 03:32

2.324Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.077Subject Sample 03:35

2.457Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:00

Seminole County SO

ROSARIUS,JASON

02/15/2019

282638

Oviedo PD

BETHAM,KEITH,D

MARTINEZ

09/29/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:53

# 1 0.098Subject Sample 00:55

1.664Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.097Subject Sample 00:58

1.347Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2809/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:08

Seminole County SO

IRIZARRY,CHRIS

02/15/2019

282638

Sanford PD

BETHAM,KEITH,D

PARTAIN

09/29/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.078Control Test 01:44

0.000Air Blank 01:45

# 1 0.165Subject Sample 01:46

2.117Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.162Subject Sample 01:49

2.226Breath Volume 01:49

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000999CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1509/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:08

Seminole County SO

FLANAGAN,BRENT

02/15/2019

282638

Sanford PD

BETHAM,KEITH,D

OCHOA RODRIQUEZ

09/29/2017

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.078Control Test 03:03

0.000Air Blank 03:03

# 1 0.116Subject Sample 03:04

1.421Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.102Subject Sample 03:08

1.242Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 10/03/2017 02:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:38

Hardee County SO

SOUTHER,TODD

12/10/2018

203498

Hardee County SO

CARTWRIGHT JR,GARY,W

CASTANEDA LOPEZ

09/28/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1 0.151Subject Sample 01:08

1.449Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.152Subject Sample 01:11

2.328Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/26/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4409/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:38

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

MARBELLO

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.163Subject Sample 02:38

1.468Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.157Subject Sample 02:41

1.308Breath Volume 02:41

0.000Air Blank 02:41

0.080Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 09/06/2017 22:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:46:0109/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:13

11:26

Pinellas County SO

LILLEY,KATHLEEN

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

WOOD

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:34

0.000Air Blank 12:34

0.081Control Test 12:35

0.000Air Blank 12:35

# 1 0.222Subject Sample 12:38 Volume Not Met

0.464Breath Volume 12:38

0.000Air Blank 12:39

0.000Air Blank 12:41

# 2 0.229Subject Sample 12:44 Volume Not Met

0.410Breath Volume 12:44

0.000Air Blank 12:45

0.078Control Test 12:45

0.000Air Blank 12:45

OKDiagnostics Check 12:46

Data Download Date/Time: 09/06/2017 22:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:52:0609/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:13

11:26

Pinellas County SO

LILLEY,KATHLEEN

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

WOOD

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:49

0.000Air Blank 12:49

0.079Control Test 12:50

0.000Air Blank 12:50

# 1Subject Sample 12:50 Subject Test Refused

0.000Breath Volume 12:50

0.000Air Blank 12:51

0.080Control Test 12:51

0.000Air Blank 12:52

OKDiagnostics Check 12:52

Data Download Date/Time: 09/06/2017 22:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:18:4709/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:43

05:47

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

FUENTES

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:03

0.000Air Blank 07:04

0.080Control Test 07:04

0.000Air Blank 07:05

# 1Subject Sample 07:08 No Sample Provided

0.000Breath Volume 07:08

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2 0.186Subject Sample 07:13

1.207Breath Volume 07:13

0.000Air Blank 07:14

0.000Air Blank 07:16

# 3 0.184Subject Sample 07:17

1.390Breath Volume 07:17

0.000Air Blank 07:17

0.080Control Test 07:18

0.000Air Blank 07:18

OKDiagnostics Check 07:18

Data Download Date/Time: 09/06/2017 22:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:4209/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

17:13

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

SHIRK

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:19

0.000Air Blank 18:19

0.081Control Test 18:20

0.000Air Blank 18:20

# 1 0.000Subject Sample 18:22

1.878Breath Volume 18:22

0.000Air Blank 18:22

0.000Air Blank 18:24

# 2 0.000Subject Sample 18:25

1.585Breath Volume 18:25

0.000Air Blank 18:25

0.080Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 09/06/2017 22:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:3509/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:39

16:04

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

JOHNSON

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:04

0.000Air Blank 17:04

0.080Control Test 17:05

0.000Air Blank 17:05

# 1Subject Sample 17:06 Subject Test Refused

0.000Breath Volume 17:06

0.000Air Blank 17:06

0.081Control Test 17:07

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 09/06/2017 22:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:5109/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:30

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

ACEVEDO

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

# 1 0.091Subject Sample 20:46 Volume Not Met

0.632Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.085Subject Sample 20:52 Volume Not Met

0.343Breath Volume 20:52

0.000Air Blank 20:52

0.080Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 09/06/2017 22:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:4909/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:30

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

ACEVEDO

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.091Subject Sample 21:00 Volume Not Met

0.554Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.085Subject Sample 21:06 Volume Not Met

0.820Breath Volume 21:06

0.000Air Blank 21:06

0.080Control Test 21:07

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 09/06/2017 22:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:1309/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:30

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

ACEVEDO

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.080Control Test 21:14

0.000Air Blank 21:14

# 1Subject Sample 21:14 Subject Test Refused

0.000Breath Volume 21:14

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 09/06/2017 22:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:5709/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:37

FHP Troop C

ANGELICCHI,JOSEPH

10/24/2018

AG629802

FHP Troop C

ANGELICCHI,JOSEPH,S

FOURNIER

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.080Control Test 17:33

0.000Air Blank 17:33

# 1 0.144Subject Sample 17:34

3.023Breath Volume 17:34

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.143Subject Sample 17:37

3.148Breath Volume 17:37

0.000Air Blank 17:38

0.081Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:0009/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:06

16:07

Pinellas County SO

LEHR,GEORGE

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

CERNIGLIA

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:30

0.000Air Blank 17:30

0.081Control Test 17:30

0.000Air Blank 17:31

# 1Subject Sample 17:31 Subject Test Refused

0.000Breath Volume 17:31

0.000Air Blank 17:32

0.081Control Test 17:32

0.000Air Blank 17:32

OKDiagnostics Check 17:33

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2209/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:45

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

MADDEN

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:47

# 1 0.190Subject Sample 23:47

1.714Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.184Subject Sample 23:50

1.824Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1909/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:40

Pinellas County SO

SUDBRINK,BRIAN

10/24/2018

AG629802

Pinellas County SO

SUDBRINK,BRIAN,J

WHITE

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.154Subject Sample 02:35 Volume Not Met

0.164Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.166Subject Sample 02:38

1.492Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 3 0.163Subject Sample 02:41

1.542Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5109/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

01:40

FHP Troop C

HERNANDEZ,JAVIER

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

POSEY

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.080Control Test 03:50

0.000Air Blank 03:50

# 1 0.162Subject Sample 03:51

1.691Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.150Subject Sample 03:55

2.035Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4409/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:19

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

DELA ROSA

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

# 1 0.149Subject Sample 01:41 Volume Not Met

0.093Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.161Subject Sample 01:47 Volume Not Met

0.226Breath Volume 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4309/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:53

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

VIVIANO

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

# 1 0.089Subject Sample 03:44

1.101Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.092Subject Sample 03:47

1.406Breath Volume 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:26:2409/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:52

11:18

Pinellas County SO

SMALIOS,GEORGE

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

MEYER

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:14

0.000Air Blank 12:14

0.080Control Test 12:14

0.000Air Blank 12:15

# 1 0.231Subject Sample 12:16

1.449Breath Volume 12:16

0.000Air Blank 12:16

0.000Air Blank 12:18

# 2 0.197Subject Sample 12:21 Slope Not Level

1.441Breath Volume 12:21

0.000Air Blank 12:22

0.000Air Blank 12:24

# 3 0.216Subject Sample 12:24

1.351Breath Volume 12:24

0.000Air Blank 12:25

0.078Control Test 12:25

0.000Air Blank 12:26

OKDiagnostics Check 12:26

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:2209/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:37

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

COFFMAN

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:56

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4309/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:57

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

WATSON

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.081Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:1409/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:53

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

PERDOMO

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.081Control Test 05:31

0.000Air Blank 05:31

# 1Subject Sample 05:32 Subject Test Refused

0.000Breath Volume 05:32

0.000Air Blank 05:33

0.082Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1009/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:26

FHP Troop C

HERNANDEZ,JAVIER

10/24/2018

AG629802

FHP Troop C

HERNANDEZ,JAVIER,J

WHERRY

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.082Control Test 03:11

0.000Air Blank 03:11

# 1 0.157Subject Sample 03:12

1.531Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.153Subject Sample 03:15

1.503Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:1509/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:10

Pinellas County SO

NOCERA,DANIEL

10/24/2018

AG629802

Pinellas County SO

MORRIS,BRIDGETT,A

ZENGER

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.081Control Test 21:17

0.000Air Blank 21:17

# 1 0.236Subject Sample 21:20

1.203Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.236Subject Sample 21:24

1.140Breath Volume 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5409/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:01

Indian Shores PD

JANIK,STEPHEN

10/24/2018

AG629802

Indian Shores PD

AUCH,ROBERT,A

PASTOR JIMENEZ

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.082Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:09:4809/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:46

11:09

Pinellas County SO

FALLAHEE,TERRANCE

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

MITCHELL

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:07

0.000Air Blank 13:07

0.081Control Test 13:07

0.000Air Blank 13:08

# 1Subject Sample 13:08 Subject Test Refused

0.000Breath Volume 13:08

0.000Air Blank 13:08

0.081Control Test 13:09

0.000Air Blank 13:09

OKDiagnostics Check 13:09

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0609/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:49

FHP Troop C

HERNANDEZ,JAVIER

10/24/2018

AG629802

FHP Troop C

HERNANDEZ,JAVIER,J

BLACKBURN

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

# 1 0.177Subject Sample 00:39

1.347Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2Subject Sample 00:45 No Sample Provided

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 3Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2209/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:27

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

SMITH

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

# 1 0.192Subject Sample 03:10

1.164Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.184Subject Sample 03:13

1.144Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/25/2017 21:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:5209/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:07

Pinellas County SO

JOHNSON,CHESTER

10/24/2018

AG629802

Pinellas County SO

BERGSTROM,STEPHEN,G

CHALKLEY

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 09/06/2017 20:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2509/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:56

Pinellas County SO

LOSTRAGLIO,C

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

JORDAN

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.079Control Test 22:41

0.000Air Blank 22:41

# 1Subject Sample 22:42 Subject Test Refused

0.000Breath Volume 22:42

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 09/06/2017 20:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:5009/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:44

Pinellas County SO

HOLE,S

10/24/2018

AG629802

Pinellas County SO

HOLE,S,A

HOWSARE

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.148Subject Sample 00:50

3.406Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:52

# 2 0.152Subject Sample 00:53

3.300Breath Volume 00:53

0.000Air Blank 00:53

0.078Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/25/2017 20:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:5909/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:57

Pinellas County SO

BRITTEN,STEVEN

10/24/2018

AG629802

Treasure Island PD

SZYMANSKI,JACEK,

PASCHAL

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:47

# 1Subject Sample 21:47 Subject Test Refused

0.000Breath Volume 21:47

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 10/25/2017 20:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4109/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:24

Pinellas County SO

FOSTER,ALEX

10/24/2018

AG629802

Pinellas County SO

SZYMANSKI,JACEK,

MACDONALD

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 10/25/2017 20:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4009/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:17

Pinellas County SO

SKALKO,R

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

KEEN

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.160Subject Sample 03:07

2.917Breath Volume 03:07

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.157Subject Sample 03:10

2.894Breath Volume 03:10

0.000Air Blank 03:10

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5509/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:41

Pinellas County SO

HOLE,S

10/24/2018

AG629802

Pinellas County SO

HOLE,S,A

BENDIXEN

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.078Control Test 20:41

0.000Air Blank 20:41

# 1 0.346Subject Sample 20:42

2.253Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.352Subject Sample 20:45

2.351Breath Volume 20:45

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4709/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:00

Pinellas County SO

LOSTRAGLIO,C

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

BLANKENSHIP

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:54

# 1 0.000Subject Sample 21:55

1.828Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.000Subject Sample 21:58

1.613Breath Volume 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:1709/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:24

Pinellas County SO

FRASER,CHRISTOPHER

10/24/2018

AG629802

Pinellas County SO

MORRIS,BRIDGETT,A

PAYTON

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

# 1 0.000Subject Sample 01:06

2.343Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.000Subject Sample 01:09

2.339Breath Volume 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:26

Pinellas County SO

FOSTER,ALEXANDER

10/24/2018

AG629802

Pinellas County SO

SZYMANSKI,JACEK,

MANUEL

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.000Subject Sample 21:42

2.000Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.000Subject Sample 21:45

2.699Breath Volume 21:45

0.000Air Blank 21:46

0.080Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:1209/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:58

Pinellas County SO

MASON,GERALD

10/24/2018

AG629802

Pinellas County SO

SZYMANSKI,JACEK,

FLOWERS

09/06/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

# 1Subject Sample 21:58 Subject Test Refused

0.000Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 10/25/2017 20:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:38:0809/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:07

11:07

Indialantic PD

VERDEROSA,TIFFANY

02/05/2018

01316080A1

Indialantic PD

VERDEROSA,TIFFANY,M

FEENEY

08/28/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 11:30

0.000Air Blank 11:30

0.079Control Test 11:30

0.000Air Blank 11:31

# 1 0.000Subject Sample 11:33

2.136Breath Volume 11:33

0.000Air Blank 11:34

0.000Air Blank 11:36

# 2 0.000Subject Sample 11:36

1.347Breath Volume 11:36

0.000Air Blank 11:37

0.077Control Test 11:37

0.000Air Blank 11:38

OKDiagnostics Check 11:38

Data Download Date/Time: 09/27/2017 05:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:34:1409/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

14:32

Satellite Beach PD

MCCRANN,SEAN

02/05/2018

01316080A1

Satellite Beach PD

MCCRANN,SEAN,M

LOPEZ

08/28/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:26

0.000Air Blank 16:27

0.078Control Test 16:27

0.000Air Blank 16:27

# 1 0.000Subject Sample 16:29

1.277Breath Volume 16:29

0.000Air Blank 16:30

0.000Air Blank 16:32

# 2 0.000Subject Sample 16:32

1.406Breath Volume 16:32

0.000Air Blank 16:33

0.077Control Test 16:33

0.000Air Blank 16:34

OKDiagnostics Check 16:34

Data Download Date/Time: 09/27/2017 05:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2609/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:24

Satellite Beach PD

HOUSMAN,JOHN

02/05/2018

01316080A1

Satellite Beach PD

HOUSMAN,JOHN,D

REMBERT

08/28/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:10

0.000Air Blank 03:11

# 1 0.141Subject Sample 03:13

1.203Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.138Subject Sample 03:16

1.210Breath Volume 03:16

0.000Air Blank 03:17

0.076Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 09/27/2017 05:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0809/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:07

Indialantic PD

SADLER,JASON

02/05/2018

01316080A1

Melbourne Beach PD

GIBSON,ZACHARY,A

LAMONTAGNE

08/28/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.181Subject Sample 03:41

2.242Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.190Subject Sample 03:46

3.765Breath Volume 03:46

0.000Air Blank 03:47

0.076Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 09/27/2017 05:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:1909/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:35

Satellite Beach PD

MCCRANN,SEAN

02/05/2018

01316080A1

Satellite Beach PD

ANDERSON,ERIC,G

ZAPOTOCKY

08/28/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.078Control Test 03:47

0.000Air Blank 03:48

# 1 0.246Subject Sample 03:48

3.289Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.249Subject Sample 03:51

3.093Breath Volume 03:51

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 09/27/2017 05:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5809/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:20

Indialantic PD

CLAY,AMBERLY

02/05/2018

01316080A1

Satellite Beach PD

CLAY,AMBERLY,L

MOHAMED

09/27/2017

8100.27

INDIALANTIC P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.077Control Test 03:03

0.000Air Blank 03:03

# 1 0.118Subject Sample 03:06 Volume Not Met

0.324Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.125Subject Sample 03:10

1.273Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 3 0.124Subject Sample 03:15

1.449Breath Volume 03:15

0.000Air Blank 03:16

0.075Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 10/26/2017 15:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0209/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:38

Haines City PD

WEBSTER,BRAD

01/23/2020

684131

Haines City PD

TUCKER,WILLIAM,

KEENAN

08/12/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

# 1 0.087Subject Sample 00:54

2.160Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.090Subject Sample 00:57

2.300Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 09/23/2017 07:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3209/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

21:55

Haines City PD

SMITH,CHAD

01/23/2020

684131

Haines City PD

TUCKER,WILLIAM,

BASS

09/23/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

# 1 0.263Subject Sample 23:49

2.382Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.273Subject Sample 23:52

2.597Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 10/22/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:2609/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:04

Mayport Naval Base

JILES,DARRYL

08/05/2018

17316080A3

Mayport Naval Base

OCASIO,JOSE,A

MEEK

08/18/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.079Control Test 22:34

0.000Air Blank 22:34

# 1 0.000Subject Sample 22:35

1.402Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.000Subject Sample 22:38

2.062Breath Volume 22:38

0.000Air Blank 22:38

0.078Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 09/22/2017 14:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:54:2309/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:25

09:39

Jacksonville SO

COLEMAN,F

02/05/2018

01316080A2

Jacksonville SO

CLARIDA,K,M

ROOK

09/26/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:47

0.000Air Blank 11:47

0.078Control Test 11:47

0.000Air Blank 11:48

# 1 0.000Subject Sample 11:50

1.746Breath Volume 11:50

0.000Air Blank 11:50

0.000Air Blank 11:52

# 2 0.000Subject Sample 11:52

1.730Breath Volume 11:52

0.000Air Blank 11:53

0.078Control Test 11:53

0.000Air Blank 11:54

OKDiagnostics Check 11:54

Data Download Date/Time: 10/12/2017 12:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:0709/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

23:40

Jacksonville SO

FISETTE,J

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

HARRIS

09/26/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1 0.000Subject Sample 01:19

2.730Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.000Subject Sample 01:22

2.738Breath Volume 01:22

0.000Air Blank 01:23

0.078Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 10/12/2017 12:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:5509/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:10

Jacksonville SO

GONZALEZ,J.O.

02/05/2018

01316080A2

Jacksonville SO

WEBER,JOSEPH,L

SCHMIDT

09/26/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.079Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 10/12/2017 12:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:4009/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:39

03:30

Jacksonville SO

ELKINS,J.R.

02/05/2018

01316080A2

Jacksonville SO

WEBER,JOSEPH,L

JORDAN

09/26/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.078Control Test 06:00

0.000Air Blank 06:01

# 1 0.176Subject Sample 06:01

1.441Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.161Subject Sample 06:04

1.218Breath Volume 06:04

0.000Air Blank 06:05

0.077Control Test 06:06

0.000Air Blank 06:06

OKDiagnostics Check 06:06

Data Download Date/Time: 10/12/2017 12:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:2109/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

18:00

18:00

Highlands County SO

6C06,ROE

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

CRON

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:24

0.000Air Blank 18:24

0.078Control Test 18:25

0.000Air Blank 18:25

# 1 0.000Subject Sample 18:26

2.957Breath Volume 18:26

0.000Air Blank 18:26

0.000Air Blank 18:28

# 2 0.000Subject Sample 18:29

1.667Breath Volume 18:29

0.000Air Blank 18:29

0.078Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 10/21/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:26:5009/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:50

10:50

Highlands County SO

LOTT,JOHN

01/05/2019

32316080A3

Highlands County SO

LOTT,JOHN,E

WILSON

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:20

0.000Air Blank 11:21

0.078Control Test 11:21

0.000Air Blank 11:22

# 1 0.000Subject Sample 11:22

1.914Breath Volume 11:22

0.000Air Blank 11:23

0.000Air Blank 11:25

# 2 0.000Subject Sample 11:25

1.289Breath Volume 11:25

0.000Air Blank 11:25

0.077Control Test 11:26

0.000Air Blank 11:26

OKDiagnostics Check 11:26

Data Download Date/Time: 10/21/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0009/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:07

Highlands County SO

BURRESS,R

01/05/2019

32316080A3

Lake Placid PD

WORTH,K,J

MC LANE

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.077Control Test 01:41

0.000Air Blank 01:41

# 1 0.156Subject Sample 01:42

1.355Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.164Subject Sample 01:46

2.335Breath Volume 01:46

0.000Air Blank 01:47

0.077Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:48

Data Download Date/Time: 10/21/2017 10:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2809/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:01

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

REAVES

09/19/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:52

# 1 0.136Subject Sample 03:54

2.074Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.118Subject Sample 03:58

1.296Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 10/24/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4009/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:10

Coconut Creek Pub Sf

MORALES,DAVID

01/31/2020

686331

Coconut Creek Pub Sf

MORALES,DAVID,J

MCGRADE

09/19/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

# 1 0.222Subject Sample 00:02

3.027Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.224Subject Sample 00:05

2.542Breath Volume 00:05

0.000Air Blank 00:05

0.079Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 10/24/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1909/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:15

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

DEVINE

09/19/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1 0.212Subject Sample 21:53

2.414Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.204Subject Sample 21:55

1.980Breath Volume 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 10/24/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3209/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:57

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

PEREZ

09/19/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.119Subject Sample 03:43

2.394Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.118Subject Sample 03:46

2.054Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 10/24/2017 11:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:3809/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

16:38

Jacksonville SO

BRYANT,R

11/05/2018

26316080A2

Jacksonville SO

DASHER,JOSHUA,L

FORD

08/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.082Control Test 18:31

0.000Air Blank 18:32

# 1Subject Sample 18:32 Subject Test Refused

0.000Breath Volume 18:32

0.000Air Blank 18:32

0.078Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 09/12/2017 12:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:4209/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

22:27

20:00

Jacksonville SO

ZURN,E.D.

11/05/2018

26316080A2

Jacksonville SO

WEBER,JOSEPH,L

PERRY

08/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

# 1 0.231Subject Sample 22:49

3.531Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.223Subject Sample 22:53

2.222Breath Volume 22:53

0.000Air Blank 22:53

0.078Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 09/12/2017 12:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4309/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

00:45

Jacksonville SO

DOUGHFMAN,D.M.

11/05/2018

26316080A2

Jacksonville SO

WEBER,JOSEPH,L

TRESSLER

08/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 09/12/2017 12:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2709/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:06

Jacksonville SO

PURVIS,M

11/05/2018

26316080A2

FHP Troop G

WEBER,JOSEPH,L

OATMAN

08/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 09/12/2017 12:09

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:15:1509/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:38

15:38

Clay County SO

BARBER,J

06/05/2019

09117080A2

FFWCC (Lake City)

ASHE,KEVIN,B

BORYS

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:04

0.081Control Test 17:04

0.000Air Blank 17:05

# 1Subject Sample 17:08 No Sample Provided

0.000Breath Volume 17:08

0.000Air Blank 17:08

0.000Air Blank 17:10

# 2Subject Sample 17:13 No Sample Provided

0.000Breath Volume 17:13

0.000Air Blank 17:14

0.081Control Test 17:14

0.000Air Blank 17:15

OKDiagnostics Check 17:15

Data Download Date/Time: 09/24/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:1309/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:33

Clay County SO

CHECO,OFFICER

06/05/2019

09117080A2

Green Cove Springs

SAUNDERS,DEPUTY,C

PARTEE

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.081Control Test 20:07

0.000Air Blank 20:08

# 1 0.254Subject Sample 20:08

2.218Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.254Subject Sample 20:11

2.074Breath Volume 20:11

0.000Air Blank 20:12

0.082Control Test 20:12

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 09/24/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:3809/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:26

Clay County SO

WARREN,C

06/05/2019

09117080A2

Clay County SO

BRAUNLICH,G,A

THORNE

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:27 Interferent Detect

3.015Breath Volume 00:27

0.000Air Blank 00:27

0.081Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 09/24/2017 11:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:58:2509/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

08:30

08:00

Clay County SO

NONE,NONE

06/05/2019

09117080A2

Clay County SO

ASHE,KEVIN,B

NAAS

09/24/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:52

0.000Air Blank 08:52

0.082Control Test 08:53

0.000Air Blank 08:53

# 1 0.000Subject Sample 08:54

1.972Breath Volume 08:54

0.000Air Blank 08:54

0.000Air Blank 08:56

# 2 0.000Subject Sample 08:57

2.316Breath Volume 08:57

0.000Air Blank 08:57

0.081Control Test 08:57

0.000Air Blank 08:58

OKDiagnostics Check 08:58

Data Download Date/Time: 10/21/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:23:0709/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:41

13:47

Clay County SO

SAUNDERS,J

06/05/2019

09117080A2

Clay County SO

MASLINE,M,D

HEGWOOD

09/24/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:15

0.000Air Blank 15:15

0.081Control Test 15:16

0.000Air Blank 15:16

# 1 0.249Subject Sample 15:18

1.652Breath Volume 15:18

0.000Air Blank 15:19

0.000Air Blank 15:21

# 2 0.267Subject Sample 15:21

2.054Breath Volume 15:21

0.000Air Blank 15:22

0.081Control Test 15:22

0.000Air Blank 15:23

OKDiagnostics Check 15:23

Data Download Date/Time: 10/21/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001046CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:3509/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:20

08:20

Clay County SO

CROOKS,ERIK

06/05/2019

09117080A2

Clay County SO

CROOKS,ERIK,T

NAAS

09/24/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:46

0.000Air Blank 08:46

0.082Control Test 08:46

0.000Air Blank 08:47

# 1 0.000Subject Sample 08:48

2.183Breath Volume 08:48

0.000Air Blank 08:48

0.000Air Blank 08:50

# 2 0.000Subject Sample 08:51

2.390Breath Volume 08:51

0.000Air Blank 08:51

0.082Control Test 08:52

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 10/21/2017 10:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:3709/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:35

Coral Springs PD

WETHERINGTON,STEPHEN

03/05/2019

03417080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

BARBOSA

08/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.080Control Test 23:33

0.000Air Blank 23:33

# 1 0.191Subject Sample 23:34

3.773Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.195Subject Sample 23:37

3.183Breath Volume 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 09/27/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:2009/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:43

Coral Springs PD

MURDOCK,TROY

03/05/2019

03417080A1

Coral Springs PD

MURDOCK,TROY,J

SERAPHIN

08/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1 0.047Subject Sample 05:25 Volume Not Met

0.312Breath Volume 05:25

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.059Subject Sample 05:30 Volume Not Met

0.066Breath Volume 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 09/27/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:1709/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:43

Coral Springs PD

MURDOCK,TROY

03/05/2019

03417080A1

Coral Springs PD

MURDOCK,TROY,J

SERAPHIN

08/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1 0.063Subject Sample 05:36

3.050Breath Volume 05:36

0.000Air Blank 05:36

0.000Air Blank 05:38

# 2 0.058Subject Sample 05:39

1.570Breath Volume 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 09/27/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:4809/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

20:04

19:55

Coral Springs PD

THOMAS,ALEX

03/05/2019

03417080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

ISLAM

08/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

# 1Subject Sample 20:34 RFI Detect

0.000Breath Volume 20:34

0.000Air Blank 20:34

0.080Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 09/27/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:4809/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

20:04

19:55

Coral Springs PD

THOMAS,ALEX

03/05/2019

03417080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

ISLAM

08/29/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

# 1 0.188Subject Sample 20:38

2.527Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.190Subject Sample 20:42

2.207Breath Volume 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 09/27/2017 11:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:3709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:55

Coral Springs PD

WETHERINGTON,STEPHEN

03/05/2019

03417080A1

Coral Springs PD

WETHERINGTON,STEPHEN,L

PEREZ

09/27/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.081Control Test 05:49

0.000Air Blank 05:49

# 1 0.080Subject Sample 05:52

2.105Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.080Subject Sample 05:56

1.312Breath Volume 05:56

0.000Air Blank 05:56

0.080Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 10/30/2017 07:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:1109/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:43

St. Petersburg PD

SAIA,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

REDENBURG

08/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:35

0.000Air Blank 06:36

0.079Control Test 06:36

0.000Air Blank 06:37

# 1 0.123Subject Sample 06:37

1.644Breath Volume 06:37

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.112Subject Sample 06:40

1.468Breath Volume 06:40

0.000Air Blank 06:41

0.078Control Test 06:41

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 09/06/2017 18:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:04:0809/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

17:57

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

TAYLOR

08/05/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.078Control Test 18:58

0.000Air Blank 18:59

# 1 0.193Subject Sample 18:59

3.011Breath Volume 18:59

0.000Air Blank 19:00

0.000Air Blank 19:02

# 2 0.188Subject Sample 19:02

2.007Breath Volume 19:02

0.000Air Blank 19:03

0.079Control Test 19:03

0.000Air Blank 19:04

OKDiagnostics Check 19:04

Data Download Date/Time: 09/06/2017 18:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3909/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:03

St. Petersburg PD

ACRI,MICHEAL

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

LEHR

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

# 1Subject Sample 23:00 No Sample Provided

0.000Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:03

0.079Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:1109/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

04:26

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

SISTI,JORDAN,A

GRAHAM

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.078Control Test 06:31

0.000Air Blank 06:31

# 1Subject Sample 06:32 Subject Test Refused

0.000Breath Volume 06:32

0.000Air Blank 06:33

0.079Control Test 06:33

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:0609/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:12

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

BAKER

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.074Control Test 00:47 Control Outside Tolerance

0.000Air Blank 00:48

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3409/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:50

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

WEEKES

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.000Control Test 02:41 RFI Detect

Air Blank 02:41 RFI Detect

Data Download Date/Time: 10/03/2017 22:21

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0909/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:50

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

WEEKES

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:3909/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:43

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

MCKENZIE

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

# 1 0.184Subject Sample 04:32

2.089Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.182Subject Sample 04:36

2.199Breath Volume 04:36

0.000Air Blank 04:36

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:4209/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:50

St. Petersburg PD

MORGAN,QUENTIN-LEE

11/05/2018

26316080A2

St. Petersburg PD

ACRI,MICHEAL,N

COLE

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.079Control Test 05:52

0.000Air Blank 05:53

# 1 0.164Subject Sample 05:53

1.859Breath Volume 05:53

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.173Subject Sample 05:57

1.894Breath Volume 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 10/03/2017 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:1709/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

18:08

Nassau County SO

LENTZ,R

05/05/2018

09216080A2

FFWCC (Lake City)

GILL,T,V

KING

08/31/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

# 1 0.216Subject Sample 20:31

1.414Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.211Subject Sample 20:33

1.843Breath Volume 20:33

0.000Air Blank 20:34

0.079Control Test 20:34 Interferent Detect

0.000Air Blank 20:35

Data Download Date/Time: 09/18/2017 07:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3209/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:01

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

CADDY

08/31/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

# 1 0.120Subject Sample 21:02

2.316Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.127Subject Sample 21:05

2.847Breath Volume 21:05

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 09/18/2017 07:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4709/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:04

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

NELSON

08/31/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.080Control Test 00:20 Interferent Detect

0.000Air Blank 00:20

Data Download Date/Time: 09/18/2017 07:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:3509/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:04

FHP Troop G

HEALY,G

09/05/2017

22315080A3

FHP Troop G

HEALY,G,B

NELSON

08/31/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:23 Interferent Detect

0.000Air Blank 00:23

Data Download Date/Time: 09/18/2017 07:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:4109/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:38

Nassau County SO

BALARD,J

05/05/2018

09216080A2

Nassau County SO

MCNEIL,K,P

CALLAHAN

09/18/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:48 Interferent Detect

0.000Air Blank 22:48

Data Download Date/Time: 10/19/2017 08:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:5809/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:38

Nassau County SO

BALLARD,J

05/05/2018

09216080A2

Nassau County SO

MCNEIL,K,P

CALLAHAN

09/18/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.080Control Test 22:51

0.000Air Blank 22:51

# 1Subject Sample 22:51 Subject Test Refused

0.000Breath Volume 22:51

0.000Air Blank 22:52

0.080Control Test 22:52 Interferent Detect

0.000Air Blank 22:52

Data Download Date/Time: 10/19/2017 08:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:5009/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:55

15:55

Highlands County SO

WORTH,K

01/05/2019

32316080A3

Highlands County SO

WORTH,K,J

MCGEE

08/24/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:23

0.000Air Blank 16:23

0.079Control Test 16:23

0.000Air Blank 16:24

# 1 0.000Subject Sample 16:24

1.402Breath Volume 16:24

0.000Air Blank 16:25

0.000Air Blank 16:27

# 2 0.000Subject Sample 16:27

1.425Breath Volume 16:27

0.000Air Blank 16:27

0.080Control Test 16:28

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 09/20/2017 14:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:3609/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

06:24

Highlands County SO

RHODEN,D

01/05/2019

32316080A3

Lake Placid PD

WORTH,K,J

WINGO

08/24/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:20

0.000Air Blank 07:21

0.079Control Test 07:21

0.000Air Blank 07:22

# 1 0.067Subject Sample 07:22

1.292Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2 0.067Subject Sample 07:26

1.261Breath Volume 07:26

0.000Air Blank 07:26

0.080Control Test 07:27

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 09/20/2017 14:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:06:0409/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

12:37

12:37

Highlands County SO

GONZALEZ,SANDRA

01/05/2019

32316080A3

Highlands County SO

MURPHY,J,

PALMER

08/24/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:00

0.000Air Blank 13:00

0.079Control Test 13:00

0.000Air Blank 13:01

# 1 0.000Subject Sample 13:01

1.703Breath Volume 13:01

0.000Air Blank 13:02

0.000Air Blank 13:04

# 2 0.000Subject Sample 13:04

1.781Breath Volume 13:04

0.000Air Blank 13:05

0.079Control Test 13:05

0.000Air Blank 13:05

OKDiagnostics Check 13:06

Data Download Date/Time: 09/20/2017 14:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:26:2309/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

06:40

06:40

Highlands County SO

SVENDSEN,C

01/05/2019

32316080A3

Highlands County SO

SVENDEN,C,E

MCGEE

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:20

0.000Air Blank 07:20

0.078Control Test 07:21

0.000Air Blank 07:21

# 1 0.000Subject Sample 07:22

2.308Breath Volume 07:22

0.000Air Blank 07:22

0.000Air Blank 07:24

# 2 0.000Subject Sample 07:25

2.300Breath Volume 07:25

0.000Air Blank 07:25

0.078Control Test 07:25

0.000Air Blank 07:26

OKDiagnostics Check 07:26

Data Download Date/Time: 10/21/2017 10:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:30:5409/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:00

15:00

Highlands County SO

GONZALEZ,SANDRA

01/05/2019

32316080A3

Highlands County SO

MURPHY,J,

BARTSCH

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.079Control Test 15:25

0.000Air Blank 15:26

# 1 0.000Subject Sample 15:26

2.277Breath Volume 15:26

0.000Air Blank 15:27

0.000Air Blank 15:29

# 2 0.000Subject Sample 15:29

2.132Breath Volume 15:29

0.000Air Blank 15:30

0.079Control Test 15:30

0.000Air Blank 15:30

OKDiagnostics Check 15:30

Data Download Date/Time: 10/21/2017 10:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0609/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:38

Highlands County SO

PEARLMAN,CODY

01/05/2019

32316080A3

Highlands County SO

MARLOW,ROYCE,B

SALAZAAR

09/20/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:04

Data Download Date/Time: 10/21/2017 10:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0009/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:55

Davie PD

STRUNK,JOHN

10/27/2017

AG530001

Davie PD

CAIN,SHELIA,R

GHANI

08/15/2017

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.172Subject Sample 01:32

1.597Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.174Subject Sample 01:35

1.945Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:37

Data Download Date/Time: 09/30/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001056CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3909/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:39

Davie PD

HAINES,DAVID

10/27/2017

AG530001

Davie PD

HAINES,DAVID,K

PRADO

08/15/2017

8100.27

DAVIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:03

# 1 0.204Subject Sample 04:03

1.238Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.222Subject Sample 04:07

2.878Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 09/30/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5909/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:14

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

BROADERS

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.080Control Test 23:19

0.000Air Blank 23:19

# 1 0.170Subject Sample 23:20

2.195Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.180Subject Sample 23:23

1.769Breath Volume 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:1509/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:53

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

MAXWELL

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:40

# 1 0.190Subject Sample 01:40

2.824Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.176Subject Sample 01:43

2.429Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2109/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:35

Lakeland PD

MULDERRIG,SEAN

08/05/2019

17817080A3

Lakeland PD

MULDERRIG,SEAN,F

SHANKS

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.079Control Test 04:57

0.000Air Blank 04:57

# 1 0.150Subject Sample 04:58

2.214Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.150Subject Sample 05:01

2.617Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:4509/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

05:00

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

COLE

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.079Control Test 05:29

0.000Air Blank 05:30

# 1 0.000Subject Sample 05:33

1.371Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.000Subject Sample 05:36

1.187Breath Volume 05:36

0.000Air Blank 05:36

0.079Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:0409/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:29

17:02

Lakeland PD

QUACKENBUSH,BRET

08/05/2019

17817080A3

Lakeland PD

QUACKENBUSH,BRET,C

HENSLEY

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:49

0.000Air Blank 17:50

0.080Control Test 17:50

0.000Air Blank 17:51

# 1 0.000Subject Sample 17:51

2.968Breath Volume 17:51

0.000Air Blank 17:52

0.000Air Blank 17:54

# 2 0.000Subject Sample 17:54

2.722Breath Volume 17:54

0.000Air Blank 17:55

0.078Control Test 17:55

0.000Air Blank 17:55

OKDiagnostics Check 17:56

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:4409/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:02

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

SCHUMAKER

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:02

# 1 0.154Subject Sample 23:03

3.683Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.152Subject Sample 23:06

3.320Breath Volume 23:06

0.000Air Blank 23:06

0.079Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:15:2409/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:27

Lakeland PD

BROWN,DAVID

08/05/2019

17817080A3

Lakeland PD

BROWN,DAVID,A

SINGER

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.080Control Test 16:11

0.000Air Blank 16:11

# 1Subject Sample 16:14 Subject Test Refused

0.000Breath Volume 16:14

0.000Air Blank 16:14

0.079Control Test 16:14

0.000Air Blank 16:15

OKDiagnostics Check 16:15

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:56:1409/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

11:15

Lakeland PD

GUPTILL,DAVID

08/05/2019

17817080A3

Lakeland PD

GUPTILL,DAVID,L

GERONIMO

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:50

0.000Air Blank 11:50

0.080Control Test 11:51

0.000Air Blank 11:51

# 1 0.000Subject Sample 11:52

2.535Breath Volume 11:52

0.000Air Blank 11:52

0.000Air Blank 11:54

# 2 0.000Subject Sample 11:54

2.472Breath Volume 11:54

0.000Air Blank 11:55

0.080Control Test 11:55

0.000Air Blank 11:56

OKDiagnostics Check 11:56

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:1409/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:41

Lakeland PD

STAFFORD,BRIAN

08/05/2019

17817080A3

Lakeland PD

STAFFORD,BRIAN,A

CARO-ORTIZ

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:30 No Sample Provided

0.000Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.181Subject Sample 04:34

1.441Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 3 0.180Subject Sample 04:37

1.445Breath Volume 04:37

0.000Air Blank 04:38

0.078Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:5609/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:49

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

PIZZIMENTI

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

# 1Subject Sample 00:39 Subject Test Refused

0.000Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0609/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:00

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

HUNTLEY

08/29/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

# 1 0.141Subject Sample 23:52

2.542Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.135Subject Sample 23:55

2.144Breath Volume 23:55

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 09/25/2017 09:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3109/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:16

Winter Haven PD

LEWIS,RYAN

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

IRWIN

08/29/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

# 2 0.092Subject Sample 23:57 Volume Not Met

0.019Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.124Subject Sample 00:02 Volume Not Met

0.035Breath Volume 00:02

Air Blank 00:03 Purge Fail

0.000Air Blank 00:04

Data Download Date/Time: 09/28/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:1909/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:16

Winter Haven PD

LEWIS,RYAN

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

IRWIN

08/29/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.081Control Test 00:09

0.000Air Blank 00:09

# 1 0.120Subject Sample 00:12 Volume Not Met

0.050Breath Volume 00:12

Air Blank 00:13 Purge Fail

0.000Air Blank 00:14

Data Download Date/Time: 09/28/2017 12:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0609/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:16

Winter Haven PD

LEWIS,RYAN

06/05/2018

12716080A7

Winter Haven PD

ORPHEE,MICHAEL,

IRWIN

08/29/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1 0.109Subject Sample 00:27 Volume Not Met

0.457Breath Volume 00:27

Air Blank 00:28 Purge Fail

Air Blank 00:29 Purge Fail

Data Download Date/Time: 09/28/2017 12:44

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:1809/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

20:06

Gulfport PD

CLAGUE,ERIC

09/05/2017

22315080A3

Gulfport PD

WILTSE,EVA,

PRICE

08/21/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:31

0.079Control Test 20:31

0.000Air Blank 20:32

# 1 0.248Subject Sample 20:32

1.425Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.239Subject Sample 20:35

1.691Breath Volume 20:35

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 09/30/2017 15:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:0609/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:49

Tarpon Springs PD

SAPINO,MARK

03/05/2019

03417080A3

Tarpon Springs PD

TRINIDAD,MICHAEL,E

WEST

08/28/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

# 1 0.209Subject Sample 22:42

2.523Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.216Subject Sample 22:45

2.355Breath Volume 22:45

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 09/29/2017 16:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:5209/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:12

Tarpon Springs PD

GOMEZ,ROBERT

03/05/2019

03417080A3

Tarpon Springs PD

SPATZ,JOHN,M

HANCOCK

08/28/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

# 1Subject Sample 20:57 Subject Test Refused

0.000Breath Volume 20:57

0.000Air Blank 20:57

0.080Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 09/29/2017 16:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:0309/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:21

Pinellas County SO

AKINS,G

06/02/2017

AG515306

Pinellas County SO

MOHR,K,D

HOOD

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

Air Blank 20:33 RFI Detect

Air Blank 20:34 RFI Detect

Data Download Date/Time: 09/06/2017 21:00

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:4609/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

19:21

Pinellas County SO

AKINS,G

06/02/2017

AG515306

Pinellas County SO

MOHR,K,D

HOOD

08/10/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.080Control Test 20:39

0.000Air Blank 20:39

# 1 0.202Subject Sample 20:41

1.765Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.162Subject Sample 20:47 Volume Not Met

0.515Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 3 0.186Subject Sample 20:53

2.082Breath Volume 20:53

0.000Air Blank 20:53

0.079Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 09/06/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0609/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:21

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

CASCOE

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.076Control Test 02:14

0.000Air Blank 02:15

# 1 0.000Subject Sample 02:15

1.765Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.000Subject Sample 02:18

1.460Breath Volume 02:18

0.000Air Blank 02:19

0.076Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1209/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:01

Broward County SO

DIAZ,DANNY

01/05/2018

34015080A3

OTHER State

TILLMAN,SHEILA,L

CABALLERO

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.075Control Test 00:37

0.000Air Blank 00:37

# 1 0.127Subject Sample 00:38

1.625Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.135Subject Sample 00:43

1.679Breath Volume 00:43

0.000Air Blank 00:44

0.075Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1909/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:38

Broward County SO

SAPP,JOSHUA

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

ARIAS-TUCIOS

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.076Control Test 23:26

0.000Air Blank 23:27

# 1 0.228Subject Sample 23:28

2.031Breath Volume 23:28

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.228Subject Sample 23:31

3.015Breath Volume 23:31

0.000Air Blank 23:32

0.076Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0609/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:52

Broward County SO

WILLIAMS,SEAN

01/05/2018

34015080A3

Broward County SO

TILLMAN,SHEILA,L

GRAHAM

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.077Control Test 04:31

0.000Air Blank 04:32

# 1 0.175Subject Sample 04:32

1.226Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.169Subject Sample 04:36

1.511Breath Volume 04:36

0.000Air Blank 04:37

0.076Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1409/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:57

Broward County SO

DERIET,RAPHAEL

01/05/2018

34015080A3

Hollywood PD

FRAZIER,ANAYA,S

DE GAGLIA SR

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.077Control Test 00:47

0.000Air Blank 00:48

# 1 0.233Subject Sample 00:48

2.929Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.219Subject Sample 00:51

2.519Breath Volume 00:51

0.000Air Blank 00:52

0.076Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3009/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:50

Broward County SO

BRUGMAN,PAUL

01/05/2018

34015080A3

Broward County SO

FRAZIER,ANAYA,S

OROZCO

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.077Control Test 03:49

0.000Air Blank 03:49

# 1 0.100Subject Sample 03:50

2.410Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.103Subject Sample 03:53

2.484Breath Volume 03:53

0.000Air Blank 03:53

0.077Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0809/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:43

Broward County SO

MANNING,MARK

01/05/2018

34015080A3

Pembroke Pines PD

FRAZIER,ANAYA,S

TRAN

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.076Control Test 02:13

0.000Air Blank 02:13

# 1 0.245Subject Sample 02:14

1.542Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.236Subject Sample 02:17

1.894Breath Volume 02:17

0.000Air Blank 02:18

0.076Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:2909/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:06

Broward County SO

SERPHOS,STEVEN

01/05/2018

34015080A3

Broward County SO

MEDINA,MARMILLY,

MANYOU

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.077Control Test 05:56

0.000Air Blank 05:57

# 1 0.123Subject Sample 05:58

1.730Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.118Subject Sample 06:01

2.484Breath Volume 06:01

0.000Air Blank 06:01

0.076Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:04:1609/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

14:41

Broward County SO

KEATING,KAYLA

01/05/2018

34015080A3

Fort Lauderdale PD

WASHINGTON,YVETTE,D

SIRGANY III

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:50

0.000Air Blank 15:50

0.077Control Test 15:51

0.000Air Blank 15:51

# 1 0.101Subject Sample 15:54 Volume Not Met

0.226Breath Volume 15:54

0.000Air Blank 15:55

0.000Air Blank 15:57

# 2 0.125Subject Sample 15:58

1.679Breath Volume 15:58

0.000Air Blank 15:59

0.000Air Blank 16:01

# 3 0.119Subject Sample 16:02

1.714Breath Volume 16:02

0.000Air Blank 16:03

0.076Control Test 16:03

0.000Air Blank 16:04

OKDiagnostics Check 16:04

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3009/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

18:49

Broward County SO

CABRERA,JOSEPH

01/05/2018

34015080A3

Pembroke Pines PD

FRAZIER,ANAYA,S

SANCHEZ AGUILAR

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.076Control Test 21:25

0.000Air Blank 21:26

# 1 0.147Subject Sample 21:26

2.628Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.138Subject Sample 21:30

3.085Breath Volume 21:30

0.000Air Blank 21:30

0.075Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:2609/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:55

Broward County SO

D'HAITI,DWAYNE

01/05/2018

34015080A3

Miramar PD

GRAY,SANDRA,

FENELUS

09/17/2017

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.076Control Test 00:00

0.000Air Blank 00:01

# 1 0.139Subject Sample 00:03

1.882Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.140Subject Sample 00:06

1.363Breath Volume 00:06

0.000Air Blank 00:07

0.075Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 10/02/2017 14:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0409/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:58

Clearwater PD

BODLE,RANDY

11/05/2018

26316080A2

Clearwater PD

BODLE,RANDY,S

ESCAMILLA

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.202Subject Sample 03:27

2.046Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.187Subject Sample 03:30

1.632Breath Volume 03:30

0.000Air Blank 03:31

0.077Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:32

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:3009/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

19:23

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

REED,CHAD,R

BULL

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:33

0.080Control Test 19:34

0.000Air Blank 19:34

# 1 0.194Subject Sample 19:35

1.468Breath Volume 19:35

Air Blank 19:36 Purge Fail

0.000Air Blank 19:36

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:1909/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

19:23

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

REED,CHAD,R

BULL

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:38

0.075Control Test 19:39

0.000Air Blank 19:39

# 1 0.190Subject Sample 19:40

2.875Breath Volume 19:40

0.000Air Blank 19:41

0.000Air Blank 19:42

# 2 0.186Subject Sample 19:44

2.632Breath Volume 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2109/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:08

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

CONSTABLE

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.079Control Test 21:18

0.000Air Blank 21:18

# 1 0.000Subject Sample 21:19

1.621Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2Subject Sample 21:22 Subject Test Refused

0.148Breath Volume 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4609/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:27

Clearwater PD

NUGENT,DAVID

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

PERRUCHON

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:01

# 1 0.209Subject Sample 01:02

2.484Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.206Subject Sample 01:05

2.257Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:5709/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:30

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

REED,CHAD,R

MOLINA BENITEZ

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

# 1 0.211Subject Sample 21:12

1.984Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.192Subject Sample 21:16

1.347Breath Volume 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2409/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:41

Clearwater PD

VENEZIA,STEVEN

11/05/2018

26316080A2

Clearwater PD

VENEZIA,STEVEN,L

RAMSAY

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1Subject Sample 03:32 No Sample Provided

0.000Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2Subject Sample 03:38 No Sample Provided

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:0309/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:37

Clearwater PD

ENGLAND,CHRISTOPHER

11/05/2018

26316080A2

Clearwater PD

ENGLAND,CHRISTOPHER,L

CARABALLO

08/30/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

# 1 0.123Subject Sample 20:19

1.515Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.124Subject Sample 20:23

1.683Breath Volume 20:23

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:25

Data Download Date/Time: 09/25/2017 01:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3509/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:30

Jacksonville SO

KEEN,C

11/05/2018

26316080A2

Jacksonville Beach

SUTTON,BRADEN,J

GARNETT

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1509/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

12:37

Jacksonville SO

MORGAN,J

11/05/2018

26316080A2

FHP Troop G

WEBER,JOSEPH,L

GARCIA

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.066Subject Sample 02:37

2.253Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.064Subject Sample 02:40

3.054Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5409/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:15

Jacksonville SO

FISETTE,J.T.

11/05/2018

26316080A2

Jacksonville SO

WEBER,JOSEPH,L

DENHAM

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4909/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

02:49

Jacksonville SO

DRAGOMIR-RAMIREZ,I

11/05/2018

26316080A2

FHP Troop G

WEBER,JOSEPH,L

COLON-VASQUEZ

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

# 1 0.224Subject Sample 04:40

1.566Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.212Subject Sample 04:44

2.519Breath Volume 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1209/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

19:40

Jacksonville SO

TORRES,W

11/05/2018

26316080A2

Neptune Beach PD

DASHER,JOSHUA,L

MEADOWS

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.115Subject Sample 22:02

1.707Breath Volume 22:02

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.116Subject Sample 22:05

1.800Breath Volume 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:4109/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

21:15

Jacksonville SO

SCHIRBOCK,C

11/05/2018

26316080A2

FFWCC (Lake City)

WEBER,JOSEPH,L

HICKCOCK

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

# 1 0.112Subject Sample 23:37

3.207Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.111Subject Sample 23:41

3.023Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5609/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

00:00

Jacksonville SO

HEALY,G.B.

11/05/2018

26316080A2

FHP Troop G

WEBER,JOSEPH,L

RAY

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.236Subject Sample 02:25

3.562Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.233Subject Sample 02:28

3.535Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4709/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

01:43

Jacksonville SO

TORRES,W.E.

11/05/2018

26316080A2

Neptune Beach PD

WEBER,JOSEPH,L

CHROSTOWSKI

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.176Subject Sample 03:17

3.039Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.179Subject Sample 03:20

3.382Breath Volume 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1309/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:04

Jacksonville SO

BACOLOR,A.G.

11/05/2018

26316080A2

Jacksonville Beach

WEBER,JOSEPH,L

HALL

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.210Subject Sample 04:28

2.339Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.199Subject Sample 04:31

1.867Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:4709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:30

Jacksonville SO

BRYANT,R

11/05/2018

26316080A2

Jacksonville SO

CARRIER,A,R

WILLIAMSON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.081Control Test 00:28

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:29

2.726Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

1.460Breath Volume 00:32

0.000Air Blank 00:32

0.081Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:3709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

02:21

Jacksonville SO

MOORE,A

11/05/2018

26316080A2

Atlantic Beach PD

CARRIER,A,R

SNOW

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1 0.190Subject Sample 05:15

2.585Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.192Subject Sample 05:18

2.968Breath Volume 05:18

0.000Air Blank 05:19

0.080Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:10

Jacksonville SO

BAI,S

11/05/2018

26316080A2

Jacksonville SO

CARRIER,A,R

LYLES

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.080Control Test 23:41

0.000Air Blank 23:41

# 1 0.133Subject Sample 23:42

2.167Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.129Subject Sample 23:45

2.730Breath Volume 23:45

0.000Air Blank 23:45

0.081Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5509/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

22:45

Jacksonville SO

FILBERT,E

11/05/2018

26316080A2

Jacksonville Beach

CARRIER,A,R

RYAN

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:22

# 1 0.015Subject Sample 01:22

2.054Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.015Subject Sample 01:25

1.359Breath Volume 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0909/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:24

03:30

Jacksonville SO

BLANFORD,R

11/05/2018

26316080A2

Jacksonville SO

CARRIER,A,R

ALLEN

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:46

# 1Subject Sample 05:50 No Sample Provided

0.000Breath Volume 05:50

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2Subject Sample 05:52 Subject Test Refused

0.000Breath Volume 05:52

0.000Air Blank 05:53

0.081Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:1209/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

19:35

Jacksonville SO

STANLEY,T

11/05/2018

26316080A2

Jacksonville SO

DASHER,JOSHUA,L

LAYNE

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.080Control Test 21:48

0.000Air Blank 21:48

# 1 0.000Subject Sample 21:48

3.535Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.000Subject Sample 21:51

3.335Breath Volume 21:51

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 09/28/2017 11:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001069CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4009/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:34

Jacksonville SO

CAMACHO,K.C.

11/05/2018

26316080A2

Neptune Beach PD

WEBER,JOSEPH,L

DUFFY

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:50

# 1 0.134Subject Sample 01:51

2.386Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.139Subject Sample 01:54

1.746Breath Volume 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 10/12/2017 12:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:5209/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:54

18:40

Clay County SO

HANEY,M

01/05/2019

32316080A2

FFWCC (Lakeland)

BRAUNLICH,G,A

MCCOY III

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.079Control Test 20:15

0.000Air Blank 20:15

# 1Subject Sample 20:18 No Sample Provided

0.000Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:21

# 2Subject Sample 20:24 No Sample Provided

0.000Breath Volume 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0109/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:26

Clay County SO

WARREN,C

01/05/2019

32316080A2

Clay County SO

BRAUNLICH,G,A

THORNE

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Interferent Detect

2.843Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:16

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3709/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:26

Clay County SO

WARREN,C

01/05/2019

32316080A2

Clay County SO

BRAUNLICH,G,A

THORNE

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:19 Interferent Detect

2.636Breath Volume 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3109/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:56

Clay County SO

STEPHENS,A

01/05/2019

32316080A2

FHP Troop G

BRAUNLICH,G,A

MOSLEY

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

# 1 0.163Subject Sample 01:02

1.730Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.156Subject Sample 01:05

1.250Breath Volume 01:05

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:38:1509/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:10

08:10

Clay County SO

PATRONE,R

01/05/2019

32316080A2

Clay County SO

PATRONE,RICHARD,L

NAAS

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:32

0.000Air Blank 08:32

0.080Control Test 08:33

0.000Air Blank 08:33

# 1 0.000Subject Sample 08:34

2.277Breath Volume 08:34

0.000Air Blank 08:34

0.000Air Blank 08:36

# 2 0.000Subject Sample 08:36

2.335Breath Volume 08:36

0.000Air Blank 08:37

0.080Control Test 08:37

0.000Air Blank 08:38

OKDiagnostics Check 08:38

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:1609/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:30

08:30

Clay County SO

PATRONE,R

01/05/2019

32316080A2

Clay County SO

PATRONE,RICHARD,L

NAAS

08/22/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:50

0.000Air Blank 08:50

0.080Control Test 08:51

0.000Air Blank 08:51

# 1 0.000Subject Sample 08:52

2.125Breath Volume 08:52

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.000Subject Sample 08:54

2.136Breath Volume 08:54

0.000Air Blank 08:55

0.080Control Test 08:55

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 09/24/2017 13:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:1509/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:07

15:41

FHP Troop C

MAUS,SCOTT

10/05/2017

24515080A2

FHP Troop C

MAUS,SCOTT,G

TAYLOR

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:27

0.000Air Blank 17:27

0.078Control Test 17:27

0.000Air Blank 17:28

# 1 0.000Subject Sample 17:28

3.363Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2 0.000Subject Sample 17:31

3.292Breath Volume 17:31

0.000Air Blank 17:32

0.077Control Test 17:32

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 09/27/2017 14:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3609/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:18

FHP Troop C

GRIFFIN,RAEFORD

10/05/2017

24515080A2

FHP Troop C

DAVIS,MARK,A

DAVIS

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.077Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.077Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 09/27/2017 14:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1009/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:15

FHP Troop C

BRIOLAT,CASEY

10/05/2017

24515080A2

FHP Troop C

BRIOLAT,CASEY,J

GIALLANZA

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.075Control Test 01:01

0.000Air Blank 01:02

# 1 0.219Subject Sample 01:03

2.066Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.227Subject Sample 01:06

1.785Breath Volume 01:06

0.000Air Blank 01:07

0.077Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 09/27/2017 14:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0909/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:21

FHP Troop C

COFFEE,JASON

10/05/2017

24515080A2

FHP Troop C

COFFEE,JASON,A

ANDRES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.076Control Test 01:48

0.000Air Blank 01:48

# 1 0.102Subject Sample 01:49

3.605Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.096Subject Sample 01:52

3.394Breath Volume 01:52

0.000Air Blank 01:53

0.076Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 09/27/2017 14:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:4709/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

18:38

FHP Troop C

NARINE,NANDKISHORE

10/05/2017

24515080A2

FHP Troop C

NARINE,NANDKISHORE,

FORTINO

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.076Control Test 21:09

0.000Air Blank 21:09

# 1 0.000Subject Sample 21:10

3.132Breath Volume 21:10

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2 0.000Subject Sample 21:13

3.058Breath Volume 21:13

0.000Air Blank 21:13

0.076Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 09/27/2017 14:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:5909/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

04:42

FHP Troop C

ALVARADO,ANGEL

08/05/2019

17817080A2

FHP Troop C

ALVARADO,ANGEL,L

KAMMEIER

09/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:58

0.000Air Blank 05:59

0.078Control Test 05:59

0.000Air Blank 05:59

# 1 0.122Subject Sample 06:00

2.558Breath Volume 06:00

0.000Air Blank 06:01

0.000Air Blank 06:02

# 2 0.130Subject Sample 06:03

2.417Breath Volume 06:03

0.000Air Blank 06:04

0.078Control Test 06:04

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 10/25/2017 15:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:2009/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:54

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

SULLIVAN

08/25/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.078Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 09/29/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0009/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:21

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

MCGAHEN

08/25/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.079Control Test 03:43

0.000Air Blank 03:43

# 1 0.121Subject Sample 03:44

2.515Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.119Subject Sample 03:47

2.785Breath Volume 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:49

Data Download Date/Time: 09/29/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:5809/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:57

21:57

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

HANSON

08/25/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:18

# 1 0.142Subject Sample 22:19

1.871Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:21

# 2 0.138Subject Sample 22:22

2.683Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 09/29/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:0109/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

19:25

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

BUSHMAN

08/25/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.079Control Test 19:50

0.000Air Blank 19:51

# 1 0.186Subject Sample 19:51

3.546Breath Volume 19:51

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.172Subject Sample 19:54

2.367Breath Volume 19:54

0.000Air Blank 19:55

0.078Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:56

Data Download Date/Time: 09/29/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001075CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2009/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:06

FHP Troop E

ORBETA,JORGE

03/09/2018

1824329

FHP Troop E

ORBETA,JORGE,

DILLON

08/25/2017

8100.27

FHP TROOP E

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:27

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 09/29/2017 12:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0109/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

11:24

Zephyrhills PD

RICE,CALEB

03/05/2019

03417080A1

Zephyrhills PD

GARDNER,NATHAN,R

FREEMAN

08/31/2017

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.078Control Test 00:19

0.000Air Blank 00:20

# 1 0.076Subject Sample 00:20

4.984Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.074Subject Sample 00:23

4.554Breath Volume 00:23

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 09/29/2017 15:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:2909/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:34

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

DOBSON

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

# 1 0.157Subject Sample 00:46

1.480Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.151Subject Sample 00:48

1.382Breath Volume 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 10/03/2017 22:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0109/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

00:36

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

FONTAINE

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:49

Data Download Date/Time: 10/03/2017 22:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2609/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:33

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

BAUFORD

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.120Subject Sample 02:42

3.023Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.100Subject Sample 02:45

1.175Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1809/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:37

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

MANGOLD

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2509/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:24

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PALMER

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

# 1Subject Sample 23:37 Subject Test Refused

0.000Breath Volume 23:37

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:3309/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

18:52

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

TALLEY

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:10

0.080Control Test 19:10

0.000Air Blank 19:11

# 1 0.211Subject Sample 19:12

1.210Breath Volume 19:12

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.226Subject Sample 19:15

2.429Breath Volume 19:15

0.000Air Blank 19:15

0.079Control Test 19:15

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4509/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:53

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

RALSTON

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3309/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

01:11

St. Petersburg PD

WEISKOPF,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

ROBERTS

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:22 Subject Test Refused

0.000Breath Volume 01:22

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4209/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

02:04

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

COX,LENARD,E

TEARTT

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.179Subject Sample 02:27

1.578Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.183Subject Sample 02:30

1.570Breath Volume 02:30

0.000Air Blank 02:30

0.078Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5309/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:32

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

MAHONEY

09/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.079Control Test 01:51

0.000Air Blank 01:52

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.079Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/03/2017 22:01

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:2709/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:45

Largo PD

GOSIER,MATTHEW

09/05/2018

20016080A3

Largo PD

GOSIER,MATTHEW,D

YETTS

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:43

# 1 0.186Subject Sample 04:44

2.281Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.187Subject Sample 04:47

2.175Breath Volume 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0109/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:13

Largo PD

SILVERSTEIN,CHRISTINA

09/05/2018

20016080A3

Largo PD

SILVERSTEIN,CHRISTINA,

FARABEE

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

# 1 0.108Subject Sample 03:02

1.343Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:04

# 2 0.107Subject Sample 03:05

2.261Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1509/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:00

Largo PD

SILVERSTEIN,CHRISTINA

09/05/2018

20016080A3

Largo PD

SILVERSTEIN,CHRISTINA,

STOFFREGEN

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.081Control Test 00:48

0.000Air Blank 00:48

# 1Subject Sample 00:48 Subject Test Refused

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:49:0909/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:22

14:50

Largo PD

ASBURY,CHRISTOPHER

01/05/2019

32316080A3

Largo PD

HASTINGS,KENNETH,S

KRINER

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:42

0.000Air Blank 15:43

0.079Control Test 15:43

0.000Air Blank 15:44

# 1 0.068Subject Sample 15:44

2.882Breath Volume 15:44

0.000Air Blank 15:45

0.000Air Blank 15:47

# 2 0.066Subject Sample 15:47

2.718Breath Volume 15:47

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:49

OKDiagnostics Check 15:49

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4009/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:02

Largo PD

GONCALVES,DENISSE

01/05/2019

32316080A3

Largo PD

COOK,ROBERT,C

CORNISH

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

# 1 0.200Subject Sample 23:08

1.472Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.203Subject Sample 23:12

1.617Breath Volume 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3709/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:20

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

VAN NOSTRAND

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

# 1 0.149Subject Sample 00:05

1.847Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.149Subject Sample 00:08

2.125Breath Volume 00:08

0.000Air Blank 00:08

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:3909/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:40

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

QUEZADE AGUILAR

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1Subject Sample 04:47 No Sample Provided

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.078Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:2709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

21:03

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

CLEMENT

09/07/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:05

# 1Subject Sample 21:09 No Sample Provided

0.000Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2Subject Sample 21:13 Subject Test Refused

0.000Breath Volume 21:13

0.000Air Blank 21:13

0.080Control Test 21:13

0.000Air Blank 21:14

OKDiagnostics Check 21:14

Data Download Date/Time: 10/06/2017 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4109/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:59

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

HELTON

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.078Control Test 00:54

0.000Air Blank 00:54

# 1 0.162Subject Sample 00:55

1.554Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.174Subject Sample 00:58

1.246Breath Volume 00:58

0.000Air Blank 00:58

0.078Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 10/09/2017 11:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:2909/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:39

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

OJEDA JR

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.077Control Test 18:23

0.000Air Blank 18:24

# 1 0.246Subject Sample 18:26

1.433Breath Volume 18:26

0.000Air Blank 18:26

0.000Air Blank 18:28

# 2 0.248Subject Sample 18:29

1.335Breath Volume 18:29

0.000Air Blank 18:30

0.074Control Test 18:30 Control Outside Tolerance

0.000Air Blank 18:31

Data Download Date/Time: 10/09/2017 11:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:0109/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

05:14

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

FRANCISCO

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:22

0.079Control Test 06:22

0.000Air Blank 06:23

# 1 0.159Subject Sample 06:24

1.132Breath Volume 06:24

0.000Air Blank 06:24

0.000Air Blank 06:26

# 2 0.173Subject Sample 06:27

1.683Breath Volume 06:27

0.000Air Blank 06:28

0.077Control Test 06:28

0.000Air Blank 06:28

OKDiagnostics Check 06:29

Data Download Date/Time: 10/09/2017 11:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:0609/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:38

Polk County SO

CLAROS,EDGAR

09/05/2018

20016080A1

Lake Wales PD

HAMMONDS,TEAQULIA,L

COOPER

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:32

# 1Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2609/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:17

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

GRANT

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.078Control Test 03:34

0.000Air Blank 03:34

# 1 0.129Subject Sample 03:35

1.863Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.128Subject Sample 03:38

1.792Breath Volume 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3709/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:29

Polk County SO

FENDER,KENNETH

09/05/2018

20016080A1

Bartow PD

JEUDY,RINALDO,

SHORT

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

# 1Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:5409/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

04:55

Polk County SO

GEE,WESTON

09/05/2018

20016080A1

FHP Troop C

BOOHER,JOY,S

BLACK

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:53

0.078Control Test 05:54

0.000Air Blank 05:54

# 1 0.114Subject Sample 05:57 Slope Not Level

1.210Breath Volume 05:57

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.106Subject Sample 06:03 Volume Not Met

0.828Breath Volume 06:03

0.000Air Blank 06:03

0.078Control Test 06:04

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4409/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:18

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

GETSEE,JOY,S

SMITH

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:00

0.078Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:5609/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:43

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

GETSEE,JOY,S

TEAM

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1 0.160Subject Sample 03:22

1.371Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.145Subject Sample 03:25

1.585Breath Volume 03:25

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:2409/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:01

Polk County SO

CARTER,JACOB

09/05/2018

20016080A1

FFWCC (Lakeland)

BROWN,ROBERT,J

WADE

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.078Control Test 19:11

0.000Air Blank 19:11

# 1Subject Sample 19:12 Subject Test Refused

0.000Breath Volume 19:12

0.000Air Blank 19:12

0.078Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:4909/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:14

Polk County SO

CHRISTELLO,CLIFFORD

09/05/2018

20016080A1

Polk County SO

CHRISTELLO,CLIFFORD,A

FORGUES

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

# 1 0.286Subject Sample 22:54

1.859Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.280Subject Sample 22:57

1.878Breath Volume 22:57

0.000Air Blank 22:57

0.078Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3909/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:44

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

CAMARATO

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

# 1 0.121Subject Sample 01:56

2.019Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.109Subject Sample 01:59

1.429Breath Volume 01:59

0.000Air Blank 01:59

0.078Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:0309/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:32

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

KELLER

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:35 Subject Test Refused

0.000Breath Volume 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:37

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4509/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:30

Polk County SO

VIERA,EMMANUEL

09/05/2018

20016080A1

Lake Wales PD

LUCAS,NATHANIEL,

VASQUEZ

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

# 1 0.144Subject Sample 01:47

2.125Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.134Subject Sample 01:50

1.523Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5009/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:24

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

LEMAY

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

# 1 0.000Subject Sample 02:21

1.605Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.000Subject Sample 02:25

1.402Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:5409/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:17

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

GETSEE,JOY,S

STROUD

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1 0.170Subject Sample 02:35

1.675Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.175Subject Sample 02:38

1.816Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:3309/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:08

Polk County SO

CHURCH,JOHN

09/05/2018

20016080A1

Polk County SO

CHURCH,JOHN,M

HICKS

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:26

0.079Control Test 17:26

0.000Air Blank 17:26

# 1Subject Sample 17:27 Subject Test Refused

0.000Breath Volume 17:27

0.000Air Blank 17:27

0.078Control Test 17:27

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0409/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:59

Polk County SO

SINCLAIR,CAMERON

09/05/2018

20016080A1

Polk County SO

SINCLAIR,CAMERON,W

MCLAIN

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:50

# 1Subject Sample 23:54 No Sample Provided

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2Subject Sample 23:59 No Sample Provided

0.000Breath Volume 23:59

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:01

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5609/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:07

Polk County SO

WEBSTER,BRAD

09/05/2018

20016080A1

Haines City PD

HAMMONDS,TEAQULIA,L

PARKER

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1 0.178Subject Sample 01:27

1.640Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.195Subject Sample 01:30

1.496Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0009/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:30

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

MEYERS

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

# 1 0.159Subject Sample 02:25

1.511Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.153Subject Sample 02:28

1.761Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:30

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:18

Polk County SO

BLOISE,JESSE

09/05/2018

20016080A1

Bartow PD

COKE,CLEVELAND,A

RAMIREZHERNANDEZ

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.184Subject Sample 03:42

2.019Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.179Subject Sample 03:46

1.304Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:0709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:00

Polk County SO

WARREN,BILLY

09/05/2018

20016080A1

Polk County SO

WARREN,BILLY,J

MAXWELL

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.078Control Test 03:54

0.000Air Blank 03:54

# 1 0.275Subject Sample 03:55

3.964Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.259Subject Sample 03:58

2.332Breath Volume 03:58

0.000Air Blank 03:59

0.078Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:12:1209/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

11:12

Polk County SO

HEWETT,MICHAEL

09/05/2018

20016080A1

Polk County SO

HEWETT,MICHAEL,W

JANSSEN

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:08

0.000Air Blank 12:09

0.078Control Test 12:09

0.000Air Blank 12:09

# 1Subject Sample 12:10 Subject Test Refused

0.000Breath Volume 12:10

0.000Air Blank 12:11

0.079Control Test 12:11

0.000Air Blank 12:12

OKDiagnostics Check 12:12

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0809/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:56

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

HOLTON

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

# 1 0.108Subject Sample 04:05

3.468Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.105Subject Sample 04:08

3.023Breath Volume 04:08

0.000Air Blank 04:09

0.077Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5009/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:32

Polk County SO

POTTER,ADAM

09/05/2018

20016080A1

Polk County SO

POTTER,ADAM,H

HERNANDEZ

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:49 No Sample Provided

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2Subject Sample 02:55 No Sample Provided

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:2109/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:28

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

ABEL

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.080Control Test 00:38

0.000Air Blank 00:38

# 1 0.000Subject Sample 00:39

2.152Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.000Subject Sample 00:41

1.757Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0809/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:45

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

LARA RAMIREZ

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

# 1 0.165Subject Sample 01:33 Volume Not Met

0.621Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.189Subject Sample 01:37

1.609Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 3 0.179Subject Sample 01:40

2.863Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:4409/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:24

08:31

Polk County SO

TAVERA,MATTHEW

09/05/2018

20016080A1

Polk County SO

LACAPRA,DANIEL,C

MITCHELL

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:50

0.000Air Blank 09:51

0.078Control Test 09:51

0.000Air Blank 09:51

# 1 0.000Subject Sample 09:53

1.539Breath Volume 09:53

0.000Air Blank 09:53

0.000Air Blank 09:55

# 2 0.000Subject Sample 09:57

1.500Breath Volume 09:57

0.000Air Blank 09:57

0.077Control Test 09:58

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:1909/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:49

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

BARNHILL

09/06/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.078Control Test 22:38

0.000Air Blank 22:38

# 1 0.214Subject Sample 22:40

1.242Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.207Subject Sample 22:43

1.226Breath Volume 22:43

0.000Air Blank 22:44

0.078Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 10/09/2017 11:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:1709/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:12

Pasco County SO

IVEY,BRIAN

08/05/2019

17817080A2

Pasco County SO

IVEY,BRIAN,J

MILES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

# 1 0.192Subject Sample 01:11

2.050Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.194Subject Sample 01:14

1.574Breath Volume 01:14

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:1109/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:49

Pasco County SO

IVEY,BRIAN

08/05/2019

17817080A2

Pasco County SO

IVEY,BRIAN,J

CHAMPION

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

# 1 0.141Subject Sample 04:52

2.964Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.139Subject Sample 04:55

2.472Breath Volume 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1409/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:27

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

RICHTER

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

# 1 0.090Subject Sample 21:24

3.375Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.093Subject Sample 21:27

3.144Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3709/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:08

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

GONZALEZ

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.081Control Test 03:58

0.000Air Blank 03:58

# 1 0.000Subject Sample 03:59

1.785Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.000Subject Sample 04:02

2.070Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:2009/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:53

FHP Troop C

BLYTH,JACOB

08/05/2019

17817080A2

FHP Troop C

BLYTH,JACOB,A

HALLEY

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2609/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:32

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

SANCHEZ

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.117Subject Sample 22:17

2.218Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.109Subject Sample 22:19

1.253Breath Volume 22:19

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5609/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:33

Pasco County SO

PARISOE,J

08/05/2019

17817080A2

FFWCC (Lakeland)

IVEY,BRIAN,J

VARGAS

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.080Control Test 20:31

0.000Air Blank 20:31

# 1 0.117Subject Sample 20:32

2.355Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.115Subject Sample 20:35

1.621Breath Volume 20:35

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:5309/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

10:29

FHP Troop C

SEQUEIRA,NATHAN

08/05/2019

17817080A2

FHP Troop C

SEQUEIRA,NATHAN,C

GOODMAN

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:47

0.000Air Blank 23:48

# 1Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:48

0.080Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:1709/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

15:10

FHP Troop C

SPENCE,SHNAYDINE

08/05/2019

17817080A2

FHP Troop C

SPENCE,SHNAYDINE,V

VANO

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:38

# 1 0.184Subject Sample 20:39

1.171Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.190Subject Sample 20:42

1.781Breath Volume 20:42

0.000Air Blank 20:43

0.079Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:0709/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:35

FHP Troop C

NOTTINGHAM,CHRISTOPHER

08/05/2019

17817080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

MITCHELL

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.079Control Test 21:05

0.000Air Blank 21:06

# 1Subject Sample 21:06 Subject Test Refused

0.000Breath Volume 21:06

0.000Air Blank 21:07

0.078Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4009/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:41

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

TOCCI

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.225Subject Sample 00:37

3.109Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.217Subject Sample 00:40

2.000Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3809/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:35

Pasco County SO

LANE,MARC

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

COFFEY

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:32

# 1 0.096Subject Sample 02:33

1.507Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.085Subject Sample 02:36

1.199Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:2609/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:32

14:03

FHP Troop C

DUFF,DAVID

08/05/2019

17817080A2

Pasco County SO

KRAUS,CHRISTOPHER,J

BORGES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.079Control Test 15:26

0.000Air Blank 15:26

# 1 0.064Subject Sample 15:27

1.500Breath Volume 15:27

0.000Air Blank 15:27

0.000Air Blank 15:29

# 2 0.063Subject Sample 15:29

1.687Breath Volume 15:29

0.000Air Blank 15:30

0.078Control Test 15:30

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0409/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:50

FHP Troop C

BLYTH,JACOB

08/05/2019

17817080A2

FHP Troop C

BLYTH,JACOB,A

HERRERA

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.161Subject Sample 03:00

1.589Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.159Subject Sample 03:03

1.261Breath Volume 03:03

0.000Air Blank 03:04

0.078Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:05

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:2809/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:02

19:05

FFWCC (Lakeland)

PULASKI,DAMON

08/05/2019

17817080A2

FFWCC (Lakeland)

PULASKI,DAMON,J

MCLEES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.078Control Test 20:27

0.000Air Blank 20:28

# 1 0.107Subject Sample 20:29

3.082Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.106Subject Sample 20:31

3.457Breath Volume 20:31

0.000Air Blank 20:32

0.079Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:5609/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:58

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

FOSTER

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.177Subject Sample 23:30 Volume Not Met

0.613Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.229Subject Sample 23:33

1.273Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 3 0.193Subject Sample 23:39 Volume Not Met

0.210Breath Volume 23:39

0.000Air Blank 23:40

0.077Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:2709/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

14:06

FHP Troop C

SPENCE,SHNAYDINE

08/05/2019

17817080A2

FHP Troop C

SPENCE,SHNAYDINE,V

KEPHART

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:53

0.000Air Blank 14:53

0.079Control Test 14:54

0.000Air Blank 14:54

# 1 0.225Subject Sample 14:54

1.945Breath Volume 14:54

0.000Air Blank 14:55

0.000Air Blank 14:57

# 2 0.216Subject Sample 14:57

1.253Breath Volume 14:57

0.000Air Blank 14:58

0.078Control Test 14:58

0.000Air Blank 14:59

OKDiagnostics Check 14:59

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:4709/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:15

FHP Troop C

MIDDLETON,DANIEL

08/05/2019

17817080A2

FHP Troop C

MIDDLETON,DANIEL,S

HOLLOWAY

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.078Control Test 20:37

0.000Air Blank 20:38

# 1 0.347Subject Sample 20:39

2.113Breath Volume 20:39

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.331Subject Sample 20:42

2.042Breath Volume 20:42

0.000Air Blank 20:42

0.078Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:43

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2409/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

12:25

FHP Troop C

SEQUEIRA,NATHAN

08/05/2019

17817080A2

FHP Troop C

SEQUEIRA,NATHAN,C

VITELLIO

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.042Subject Sample 01:22

4.031Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.041Subject Sample 01:25

3.425Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5209/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:39

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

GABRIEL

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

# 1 0.036Subject Sample 01:49

2.839Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.036Subject Sample 01:52

1.468Breath Volume 01:52

0.000Air Blank 01:52

0.078Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:4709/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

21:51

FHP Troop C

GRIFFIN,RAEFORD

08/05/2019

17817080A2

FHP Troop C

WILK,JAIME,L

WILK

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.077Control Test 23:06

0.000Air Blank 23:06

# 1 0.199Subject Sample 23:07

1.527Breath Volume 23:07

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.216Subject Sample 23:10

2.148Breath Volume 23:10

0.000Air Blank 23:10

0.076Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3109/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:01

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

TILSON

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.078Control Test 02:03

0.000Air Blank 02:03

# 1 0.077Subject Sample 02:04

1.324Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.076Subject Sample 02:07

1.316Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3109/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

06:54

FHP Troop C

SEQUEIRA,NATHAN

08/05/2019

17817080A2

FHP Troop C

SEQUEIRA,NATHAN,C

CRUZ

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.078Control Test 20:02

0.000Air Blank 20:02

# 1 0.177Subject Sample 20:03

1.574Breath Volume 20:03

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.174Subject Sample 20:06

2.136Breath Volume 20:06

0.000Air Blank 20:06

0.077Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4109/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:21

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

ANDRES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

Air Blank 01:21 Ambient Fail

0.000Air Blank 01:21

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5909/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:21

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

ANDRES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:32 Interferent Detect

1.804Breath Volume 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:1209/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:21

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

ANDRES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:38 Interferent Detect

3.160Breath Volume 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:3009/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:21

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

ANDRES

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.078Control Test 01:43

0.000Air Blank 01:43

# 1Subject Sample 01:44 Interferent Detect

3.488Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5809/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:24

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

DETAR

08/23/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:25

# 1 0.214Subject Sample 23:26

3.238Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:28

# 2 0.213Subject Sample 23:29

2.789Breath Volume 23:29

0.000Air Blank 23:30

0.077Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 09/27/2017 13:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0509/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:28

Pasco County SO

KNORR,PETER

08/05/2019

17817080A2

Pasco County SO

KNORR,PETER,J

BEVER

09/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:27

1.722Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.000Subject Sample 23:30

4.066Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 10/25/2017 15:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2009/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:19

Pasco County SO

HAMMELMAN,TYLER

08/05/2019

17817080A2

Pasco County SO

IVEY,BRIAN,J

SHERMAN

09/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

# 1 0.248Subject Sample 04:16

1.535Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.252Subject Sample 04:19

1.441Breath Volume 04:19

0.000Air Blank 04:20

0.078Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 10/25/2017 15:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:0509/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:49

Plantation PD

GUE,OFC. G.

07/05/2018

14816080A2

Plantation PD

BROSKIE,OFC. J.,

HUEZO

08/11/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.078Control Test 05:17

0.000Air Blank 05:18

# 1Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:19

0.078Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:20

Data Download Date/Time: 09/27/2017 15:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:1609/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:47

Plantation PD

BARANET II,MICHAEL

07/05/2018

14816080A2

Plantation PD

PELOSI,ALEXANDER,R

THOMPSON

08/11/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.078Control Test 19:41

0.000Air Blank 19:41

# 1Subject Sample 19:41 Subject Test Refused

0.000Breath Volume 19:41

0.000Air Blank 19:42

0.078Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 09/27/2017 15:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001082CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4209/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:25

Plantation PD

MARLEY,KEVIN

07/05/2018

14816080A2

Plantation PD

GONZALEZ,ERIC,C

GONZALEZ URRUTIA

08/11/2017

8100.27

PLANTATION PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.078Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:17 No Sample Provided

0.000Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.242Subject Sample 01:21

3.402Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 3 0.236Subject Sample 01:25

2.667Breath Volume 01:25

0.000Air Blank 01:25

0.077Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 09/27/2017 15:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:1309/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

17:32

Jacksonville SO

QUARTERMAN,M

11/05/2018

26316080A2

FFWCC (Lake City)

DINKINS,CHRISTOPHER,D

SMITH

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.079Control Test 20:12

0.000Air Blank 20:12

# 1Subject Sample 20:12 Subject Test Refused

0.000Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0209/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

19:07

Jacksonville SO

VANHOF,J

11/05/2018

26316080A2

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

SPARKS

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

# 1Subject Sample 21:53 Subject Test Refused

0.000Breath Volume 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:55

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3309/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

20:52

Jacksonville SO

BRYANT,R

11/05/2018

26316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

BOUCHER

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.079Control Test 22:14

0.000Air Blank 22:14

# 1 0.220Subject Sample 22:15

2.625Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:17

# 2 0.208Subject Sample 22:19

2.835Breath Volume 22:19

0.000Air Blank 22:19

0.078Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0109/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:40

Jacksonville SO

KERSHAW,S.B.

11/05/2018

26316080A2

Jacksonville SO

WEBER,JOSEPH,L

STOCKTON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:01

# 1 0.095Subject Sample 02:01

3.593Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:03

# 2 0.093Subject Sample 02:04

4.031Breath Volume 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:06

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:0209/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

20:30

Jacksonville SO

BROWN,T

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

FERGUSON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.079Control Test 22:57

0.000Air Blank 22:58

# 1 0.217Subject Sample 22:59

1.929Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:01

# 2 0.210Subject Sample 23:02

1.113Breath Volume 23:02

0.000Air Blank 23:03

0.077Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:04

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3109/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

01:55

Jacksonville SO

EANES,J

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

MCRAE

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:25

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:4809/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

07:02

Jacksonville SO

WASHINGTON,M

11/05/2018

26316080A2

Atlantic Beach PD

DEVEREAUX,M,C

MARINELLI

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:49

0.000Air Blank 09:49

0.078Control Test 09:49

0.000Air Blank 09:50

# 1 0.252Subject Sample 09:51

2.964Breath Volume 09:51

0.000Air Blank 09:51

0.000Air Blank 09:53

# 2 0.260Subject Sample 09:54

2.367Breath Volume 09:54

0.000Air Blank 09:54

0.079Control Test 09:55

0.000Air Blank 09:55

OKDiagnostics Check 09:55

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5609/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:05

Jacksonville SO

RODRIGUEZ,M

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

SMITH

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:1309/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

04:45

Jacksonville SO

DOUGHFMAN,D

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

CAMP

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.079Control Test 05:49

0.000Air Blank 05:49

# 1 0.000Subject Sample 05:49

2.054Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.000Subject Sample 05:52

2.273Breath Volume 05:52

0.000Air Blank 05:53

0.079Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 09/28/2017 11:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:04:1109/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

06:10

Jacksonville SO

JOHNSON,B

11/05/2018

26316080A2

Jacksonville SO

DEVEREAUX,MICHAEL,C

AARON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:00

0.000Air Blank 08:01

0.078Control Test 08:01

0.000Air Blank 08:02

# 1Subject Sample 08:02 Subject Test Refused

0.000Breath Volume 08:02

0.000Air Blank 08:03

0.079Control Test 08:03

0.000Air Blank 08:04

OKDiagnostics Check 08:04

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4009/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:45

Jacksonville SO

STANLEY,T

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

GOGGANS

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.426Subject Sample 01:16

2.113Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 3 0.418Subject Sample 01:19

1.613Breath Volume 01:19

0.000Air Blank 01:19

0.078Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0109/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

01:50

Jacksonville SO

GREEN,J

11/05/2018

26316080A2

Atlantic Beach PD

BURNS,D,L

MCNORTON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:45

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:47

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3309/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:45

Jacksonville SO

FISETTE,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

ELLIOTT

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:0409/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

03:52

Jacksonville SO

SCOTT,A

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

WURSTER

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:38

0.078Control Test 05:38

0.000Air Blank 05:39

# 1Subject Sample 05:39 Subject Test Refused

0.000Breath Volume 05:39

0.000Air Blank 05:40

0.079Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:41

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4809/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:45

Jacksonville SO

STANLEY,T

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

MACIEJEWSKI

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4409/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

19:45

Jacksonville SO

BROWN,T

11/05/2018

26316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

EDWARD

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.095Subject Sample 22:12

1.402Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.101Subject Sample 22:15

2.082Breath Volume 22:15

0.000Air Blank 22:15

0.080Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:4909/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:10

Jacksonville SO

PURVIS,E

11/05/2018

26316080A2

FHP Troop G

SMITH,KEVIN,W

TAYLOR

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

# 1 0.175Subject Sample 22:44

4.421Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.161Subject Sample 22:47

3.003Breath Volume 22:47

0.000Air Blank 22:47

0.078Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3609/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

00:50

Jacksonville SO

BROWN,T

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

THOMAS

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5709/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:09

Jacksonville SO

FARLEY,J

11/05/2018

26316080A2

FHP Troop G

SMITH,KEVIN,W

CONSOLACION

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.137Subject Sample 03:37

2.554Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.137Subject Sample 03:40

2.386Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:4009/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

04:50

Jacksonville SO

TIRRI,N

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

JACOBS

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:16

0.000Air Blank 06:17

0.080Control Test 06:17

0.000Air Blank 06:17

# 1 0.062Subject Sample 06:18

2.906Breath Volume 06:18

0.000Air Blank 06:18

0.000Air Blank 06:20

# 2 0.060Subject Sample 06:21

2.570Breath Volume 06:21

0.000Air Blank 06:21

0.079Control Test 06:22

0.000Air Blank 06:22

OKDiagnostics Check 06:22

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4409/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

23:41

Jacksonville SO

MARRERO,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

POLING

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

# 1Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.079Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:3709/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:49

Jacksonville SO

TORRES,W.E.

11/05/2018

26316080A2

Neptune Beach PD

WEBER,JOSEPH,L

NEWTON

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.079Control Test 23:52

0.000Air Blank 23:52

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.080Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0209/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

00:30

Jacksonville SO

MARRERO,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

SERRANO

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.079Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:12

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:0209/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:30

Jacksonville SO

KEEN,C

11/05/2018

26316080A2

Jacksonville Beach

SMITH,KEVIN,W

OCONNOR

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

# 1 0.127Subject Sample 04:28

2.070Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.121Subject Sample 04:31

2.496Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:33

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5209/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

21:42

Jacksonville SO

CAMACHO,K

11/05/2018

26316080A2

Neptune Beach PD

HAND,JARRETT,D

KELLEHER

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

# 1 0.173Subject Sample 23:06

2.367Breath Volume 23:06

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.164Subject Sample 23:09

1.460Breath Volume 23:09

0.000Air Blank 23:09

0.079Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0709/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

23:54

Jacksonville SO

KEEN,C

11/05/2018

26316080A2

Jacksonville Beach

HAND,JARRETT,D

DANNER

09/12/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 09/28/2017 11:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3709/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:05

Jacksonville SO

GARCIA,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

POWERS

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.182Subject Sample 01:42

1.339Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.158Subject Sample 01:45

1.125Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 3 0.152Subject Sample 01:48

1.527Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5809/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:30

Jacksonville SO

STANLEY,T

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

SANCHEZ GUIFARRRO

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1 0.109Subject Sample 03:58

2.554Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.107Subject Sample 04:01

2.554Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:2009/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

03:45

Jacksonville SO

SAMUELS,R

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

MCFARLAN

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

# 1 0.138Subject Sample 05:50

1.910Breath Volume 05:50

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.137Subject Sample 05:53

2.281Breath Volume 05:53

0.000Air Blank 05:54

0.078Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2509/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

01:40

Jacksonville SO

FISETTE,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

WALKER

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:1609/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:00

Jacksonville SO

HOOVER,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

RIOS

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

# 1Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

Air Blank 04:52 RFI Detect

0.000Air Blank 04:53

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4409/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:00

Jacksonville SO

HOOVER,J

11/05/2018

26316080A2

Jacksonville SO

SMITH,KEVIN,W

RIOS

09/28/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

# 1Subject Sample 04:56 Subject Test Refused

0.000Breath Volume 04:56

0.000Air Blank 04:56

0.079Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 10/12/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:2109/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:53

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

SWENSON

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.077Control Test 04:13

0.000Air Blank 04:13

# 1 0.169Subject Sample 04:15

1.394Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.157Subject Sample 04:18

1.917Breath Volume 04:18

0.000Air Blank 04:19

0.077Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 10/03/2017 21:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1809/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

00:51

FHP Troop C

RODRIGUEZ,NELSON

05/05/2018

09216080A3

FHP Troop C

RODRIGUEZ,NELSON,X

ADAMS

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.077Control Test 04:28

0.000Air Blank 04:28

# 1 0.183Subject Sample 04:29

2.417Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.176Subject Sample 04:32

2.023Breath Volume 04:32

0.000Air Blank 04:33

0.077Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 10/03/2017 21:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:5709/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:52

18:56

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

CAUDILL

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.078Control Test 19:15

0.000Air Blank 19:15

# 1Subject Sample 19:19 No Sample Provided

0.000Breath Volume 19:19

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2Subject Sample 19:22 Subject Test Refused

0.000Breath Volume 19:22

0.000Air Blank 19:23

0.077Control Test 19:23

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 10/03/2017 21:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:0109/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

00:02

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

HOOKS

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:30

# 1 0.225Subject Sample 00:30

1.746Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.229Subject Sample 00:33

1.453Breath Volume 00:33

0.000Air Blank 00:34

0.077Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:35

Data Download Date/Time: 10/03/2017 21:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001109CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4309/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

01:16

FHP Troop C

PALFY,RACHEL

05/05/2018

09216080A3

FHP Troop C

PALFY,RACHEL,M

AHRAM

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.077Control Test 01:46

0.000Air Blank 01:46

# 1 0.000Subject Sample 01:47

2.195Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.000Subject Sample 01:50

1.753Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/03/2017 21:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5109/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:29

FHP Troop E

ORBETA,JORGE

11/05/2019

620051

FHP Troop E

ORBETA,JORGE,

HURTADO

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.143Subject Sample 02:10

2.625Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.139Subject Sample 02:13

2.878Breath Volume 02:13

0.000Air Blank 02:13

0.081Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:26:0109/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:58

06:47

FHP Troop E

DEPESTRE,GREGORY

11/05/2019

620051

FHP Troop E

ROCA,LUIS,C

GIBBS

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:18

0.000Air Blank 08:18

0.081Control Test 08:19

0.000Air Blank 08:19

# 1 0.162Subject Sample 08:21

1.902Breath Volume 08:21

0.000Air Blank 08:21

0.000Air Blank 08:23

# 2 0.156Subject Sample 08:24

1.984Breath Volume 08:24

0.000Air Blank 08:25

0.081Control Test 08:25

0.000Air Blank 08:25

OKDiagnostics Check 08:26

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:4309/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:30

OTHER Local

BARDELAS,MAYLEE

11/05/2019

620051

OTHER Local

BARDELAS,MAYLEE,

SEPULVEDA

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.077Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0709/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:28

Sweetwater PD

LORENZO,YOSNIEL

11/05/2019

620051

Sweetwater PD

LORENZO,YOSNIEL,

ALVARADO RODRIGUEZ

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:23

# 1 0.038Subject Sample 01:24

1.687Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.038Subject Sample 01:27

3.218Breath Volume 01:27

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4809/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:17

FHP Troop E

GONZALEZ-CORTINA,RAUL

11/05/2019

620051

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

MEJIA ESTRADA

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.082Control Test 04:13

0.000Air Blank 04:14

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.082Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3309/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

03:17

FHP Troop E

GONZALEZ-CORTINA,RAUL

11/05/2019

620051

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

MEJIA ESTRADA

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.082Control Test 04:20

0.000Air Blank 04:20

# 1 0.135Subject Sample 04:24 Volume Not Met

0.109Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.143Subject Sample 04:27

1.363Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 3 0.140Subject Sample 04:32

1.644Breath Volume 04:32

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:18:4309/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

05:35

OTHER Local

CUESTA,DANIEL

11/05/2019

620051

OTHER Local

BORGES,SEAN,P

ESPINOSA HIDALGO

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:04

0.000Air Blank 07:04

0.080Control Test 07:05

0.000Air Blank 07:05

# 1Subject Sample 07:08 No Sample Provided

0.000Breath Volume 07:08

0.000Air Blank 07:09

0.000Air Blank 07:11

# 2 0.194Subject Sample 07:13

1.937Breath Volume 07:13

0.000Air Blank 07:14

0.000Air Blank 07:15

# 3 0.212Subject Sample 07:17

2.484Breath Volume 07:17

0.000Air Blank 07:17

0.078Control Test 07:18

0.000Air Blank 07:18

OKDiagnostics Check 07:18

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:3409/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:05

OTHER Local

BARDELAS,MAYLE

11/05/2019

620051

OTHER Local

BARDELAS,MAYLEE,

BIRBRAGHER

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.082Control Test 04:49

0.000Air Blank 04:49

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.082Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5109/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:32

FHP Troop E

RIVERO,JOSE

11/05/2019

620051

FHP Troop E

RIVERO,JOSE,I

BROWN

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

# 1 0.196Subject Sample 00:53

1.546Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.191Subject Sample 00:56

1.800Breath Volume 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:0009/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:11

OTHER Local

BARDELAS,MAYLE

11/05/2019

620051

OTHER Local

BARDELAS,MAYLE,

ROMERO

08/25/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.082Control Test 18:54

0.000Air Blank 18:55

# 1 0.000Subject Sample 18:55

1.824Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.000Subject Sample 18:58

1.425Breath Volume 18:58

0.000Air Blank 18:59

0.081Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 19:00

Data Download Date/Time: 09/29/2017 11:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001110CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:3009/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:45

FHP Troop E

GRANT,PHILIP

11/05/2019

620051

FHP Troop E

GRANT,PHILIP,S

ACOSTA GAVIERO

09/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.081Control Test 05:41

0.000Air Blank 05:41

# 1Subject Sample 05:42 Subject Test Refused

0.000Breath Volume 05:42

0.000Air Blank 05:42

0.080Control Test 05:42

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 10/26/2017 09:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:42:1209/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

05:59

FHP Troop A

YASUDA,SHOHEI

02/21/2020

712031

FHP Troop A

YASUDA,SHOHEI,

BUSTILLO VELIZ

08/12/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:35

0.000Air Blank 07:36

0.080Control Test 07:36

0.000Air Blank 07:37

# 1 0.065Subject Sample 07:37

2.289Breath Volume 07:37

0.000Air Blank 07:38

0.000Air Blank 07:40

# 2 0.064Subject Sample 07:40

1.496Breath Volume 07:40

0.000Air Blank 07:41

0.080Control Test 07:41

0.000Air Blank 07:42

OKDiagnostics Check 07:42

Data Download Date/Time: 09/04/2017 22:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:04:2709/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:52

FHP Troop A

WAGNER,BRETT

02/21/2020

712031

FHP Troop A

WAGNER,BRETT,M

FISHER

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:58

0.000Air Blank 17:58

0.081Control Test 17:59

0.000Air Blank 17:59

# 1 0.000Subject Sample 18:00

4.046Breath Volume 18:00

0.000Air Blank 18:00

0.000Air Blank 18:02

# 2 0.000Subject Sample 18:03

2.292Breath Volume 18:03

0.000Air Blank 18:03

0.081Control Test 18:03

0.000Air Blank 18:04

OKDiagnostics Check 18:04

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5509/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:43

FHP Troop A

GENTRY,JONATHAN

02/21/2020

712031

FHP Troop A

GENTRY,JONATHAN,P

GRIFFIN

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5209/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:37

FHP Troop A

HALL,NICHOLAS

02/21/2020

712031

FHP Troop A

BOWMAN,JOANNA,N

JOHNSON

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.082Control Test 04:06

0.000Air Blank 04:06

# 1 0.221Subject Sample 04:07

1.761Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.222Subject Sample 04:10

1.363Breath Volume 04:10

0.000Air Blank 04:10

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:1909/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:32

FHP Troop A

MATHERS,WILLIAM

02/21/2020

712031

FHP Troop A

MATHERS,WILLIAM,A

HOWELL

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.082Control Test 19:37

0.000Air Blank 19:38

# 1 0.300Subject Sample 19:39

3.437Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.301Subject Sample 19:41

3.433Breath Volume 19:41

0.000Air Blank 19:42

0.081Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:0809/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:27

FHP Troop A

BAILEY,RAYMOND

02/21/2020

712031

FHP Troop A

BAILEY,RAYMOND,F

MITCHELL

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:30

# 1 0.000Subject Sample 08:30

1.808Breath Volume 08:30

0.000Air Blank 08:31

0.000Air Blank 08:33

# 2 0.000Subject Sample 08:33

2.089Breath Volume 08:33

0.000Air Blank 08:34

0.082Control Test 08:34

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:1909/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

19:43

FHP Troop A

GENTRY,JONATHAN

02/21/2020

712031

FHP Troop A

GENTRY,JONATHAN,P

JONES

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.082Control Test 20:40

0.000Air Blank 20:40

# 1 0.210Subject Sample 20:41

1.917Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.207Subject Sample 20:44

1.195Breath Volume 20:44

0.000Air Blank 20:45

0.081Control Test 20:45

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:5509/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

17:42

FHP Troop A

GENTRY,JONATHAN

02/21/2020

712031

FHP Troop A

GENTRY,JONATHAN,P

CEPAITE-HUGGINS

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.081Control Test 19:06

0.000Air Blank 19:06

# 1 0.246Subject Sample 19:07

1.183Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:09

# 2 0.227Subject Sample 19:11

1.285Breath Volume 19:11

0.000Air Blank 19:12

0.082Control Test 19:12

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:37:3109/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:08

15:54

FHP Troop A

SCOTT,ALLEN

02/21/2020

712031

FHP Troop A

SCOTT,ALLEN,M

SEEDORF

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:29

0.000Air Blank 16:29

0.081Control Test 16:30

0.000Air Blank 16:30

# 1 0.129Subject Sample 16:32

2.523Breath Volume 16:32

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.124Subject Sample 16:36

1.753Breath Volume 16:36

0.000Air Blank 16:36

0.081Control Test 16:36

0.000Air Blank 16:37

OKDiagnostics Check 16:37

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5609/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:38

FHP Troop A

BOWMAN,JOANNA

02/21/2020

712031

FHP Troop A

BOWMAN,JOANNA,N

BOWSHER

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.191Subject Sample 04:28

3.726Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.188Subject Sample 04:31

3.601Breath Volume 04:31

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:1209/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

03:11

Panama City PD

BROCK,AUSTIN

02/21/2020

712031

Panama City PD

THORE,BECKY,A

SHEPHERD

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.081Control Test 05:14

0.000Air Blank 05:14

# 1 0.213Subject Sample 05:15

3.019Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.215Subject Sample 05:18

3.226Breath Volume 05:18

0.000Air Blank 05:19

0.083Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 10/02/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:2709/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:54

FHP Troop A

SHIPMAN,KAREN

02/21/2020

712031

FHP Troop A

SHIPMAN,KAREN,D

LYON

09/04/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.081Control Test 20:57

0.000Air Blank 20:57

# 1 0.161Subject Sample 20:58

2.156Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.175Subject Sample 21:00

2.320Breath Volume 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 10/02/2017 13:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:1609/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:55

FHP Troop D

STANLEY,JEFFREY

12/30/2019

666491

FHP Troop D

STANLEY,JEFFREY,A

EICHER

08/17/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.082Control Test 19:26

0.000Air Blank 19:27

# 1 0.111Subject Sample 19:28

1.167Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.107Subject Sample 19:32

1.984Breath Volume 19:32

0.000Air Blank 19:33

0.082Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 09/10/2017 02:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:2709/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:28

FHP Troop D

HITCHCOCK,WILLIAM

12/30/2019

666491

FHP Troop D

HITCHCOCK,WILLIAM,D

FOLK

09/10/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:09

0.000Air Blank 20:10

0.082Control Test 20:10

0.000Air Blank 20:11

# 1 0.132Subject Sample 20:11

2.464Breath Volume 20:11

0.000Air Blank 20:12

0.000Air Blank 20:14

# 2 0.133Subject Sample 20:16

2.355Breath Volume 20:16

0.000Air Blank 20:17

0.083Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 10/26/2017 02:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:1109/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

20:16

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDEZ,ALAIN,

BASULTO

08/24/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.082Control Test 20:27

0.000Air Blank 20:28

# 1 0.104Subject Sample 20:29

1.468Breath Volume 20:29

0.000Air Blank 20:30

0.000Air Blank 20:31

# 2 0.085Subject Sample 20:35 Volume Not Met

0.535Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 3 0.094Subject Sample 20:38

1.500Breath Volume 20:38

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 09/07/2017 22:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:2509/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:58

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDEZ,ALAIN,

WARREN

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.082Control Test 01:06

0.000Air Blank 01:06

# 1 0.072Subject Sample 01:07

2.324Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.064Subject Sample 01:09

2.156Breath Volume 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 10/03/2017 21:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2709/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:24

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDEZ,ALAIN,

HINDS

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:34

0.000Air Blank 02:34

# 1 0.146Subject Sample 02:35

1.105Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.157Subject Sample 02:37

2.046Breath Volume 02:37

0.000Air Blank 02:38

0.082Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 10/03/2017 21:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4209/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

22:35

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDEZ,ALAIN,

REYES

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:05

# 1 0.089Subject Sample 04:06

2.664Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.082Subject Sample 04:09

2.261Breath Volume 04:09

0.000Air Blank 04:09

0.081Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/03/2017 21:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3109/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:46

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDEZ,ALAIN,

ORTIZ

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.082Control Test 23:58

0.000Air Blank 23:59

# 2 0.148Subject Sample 23:59

1.195Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.152Subject Sample 00:03

1.593Breath Volume 00:03

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 10/03/2017 21:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0309/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:50

FHP Troop C

HERNANDEZ,ALAIN

06/14/2020

796576

FHP Troop C

HERNANDE,ALAIN,

QUINONES

09/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.030Subject Sample 03:05

2.617Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.029Subject Sample 03:08

2.187Breath Volume 03:08

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:10

Data Download Date/Time: 10/03/2017 21:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001114CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0409/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:22

Deland PD

JAMES,ROYCE

06/13/2018

AG616503

Volusia County SO

FLORYANCE,JASON,R

CLARK

09/27/2017

8100.27

DELAND P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:02

0.076Control Test 05:02

0.000Air Blank 05:03

# 1 0.072Subject Sample 05:03

1.582Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.072Subject Sample 05:06

1.367Breath Volume 05:06

0.000Air Blank 05:07

0.077Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 10/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:3009/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:42

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

WADDELL

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.078Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2809/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:20

FHP Troop H

STOCKTON,KYLE

07/05/2018

14816080A3

Leon County SO

LECKINGER,MICHAEL,E

MCMILLAN

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:15

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4209/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:30

FL State University

MIMS,CHARLES

07/05/2018

14816080A3

FL State University

ADAMS,PARISE,L

MARSALISI

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:31

# 1 0.116Subject Sample 03:31

2.730Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.111Subject Sample 03:34

3.457Breath Volume 03:34

0.000Air Blank 03:34

0.078Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4009/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:35

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

WELDON

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

# 1 0.153Subject Sample 02:38

5.085Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.146Subject Sample 02:41

3.652Breath Volume 02:41

0.000Air Blank 02:41

0.078Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:0109/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:56

Tallahassee PD

BULLOCK,JOSHUA

07/05/2018

14816080A3

Tallahassee PD

BULLOCK,JOSHUA,R

MACK

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.224Subject Sample 03:59

1.800Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.188Subject Sample 04:02

1.667Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 3 0.206Subject Sample 04:05

1.445Breath Volume 04:05

Air Blank 04:05 RFI Detect

0.000Air Blank 04:06

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:4709/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:56

Tallahassee PD

BULLOCK,JOSHUA

07/05/2018

14816080A3

Tallahassee PD

BULLOCK,JOSHUA,R

MACK

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.078Control Test 04:09

0.000Air Blank 04:10

# 1 0.202Subject Sample 04:11

2.281Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.215Subject Sample 04:14

2.277Breath Volume 04:14

0.000Air Blank 04:14

0.078Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:3809/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:22

Tallahassee PD

HARVEY,RHETT

07/05/2018

14816080A3

Tallahassee PD

EVERETT,MATTHEW,A

KOSIER

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.078Control Test 04:52

0.000Air Blank 04:52

# 1Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:53

0.078Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3309/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:07

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

MURRAY

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:59

# 1 0.238Subject Sample 03:00

1.894Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.215Subject Sample 03:03

2.125Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 3 0.208Subject Sample 03:07

2.402Breath Volume 03:07

0.000Air Blank 03:07

0.077Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5509/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:56

Tallahassee PD

ROY,G

07/05/2018

14816080A3

Tallahassee PD

ROY,G,

PATRICK

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.000Subject Sample 20:50

2.230Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.000Subject Sample 20:53

1.867Breath Volume 20:53

0.000Air Blank 20:53

0.079Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:5909/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:44

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

NAPOLEON

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

# 1Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:4909/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:30

FHP Troop H

SHAW,JAMES

07/05/2018

14816080A3

FHP Troop H

LECKINGER,MICHAEL,E

MAJSZAK

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:27

0.078Control Test 18:27

0.000Air Blank 18:27

# 1 0.140Subject Sample 18:29

1.933Breath Volume 18:29

0.000Air Blank 18:29

0.000Air Blank 18:31

# 2 0.135Subject Sample 18:32

1.562Breath Volume 18:32

0.000Air Blank 18:32

0.078Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:51:1309/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:41

06:00

FHP Troop H

AH SAM,GREGORY

07/05/2018

14816080A3

FHP Troop H

AH SAM,GREGORY,S

BEAL

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:44

0.000Air Blank 07:45

0.078Control Test 07:45

0.000Air Blank 07:46

# 1 0.145Subject Sample 07:46

1.585Breath Volume 07:46

0.000Air Blank 07:47

0.000Air Blank 07:49

# 2 0.134Subject Sample 07:49

1.777Breath Volume 07:49

0.000Air Blank 07:50

0.078Control Test 07:50

0.000Air Blank 07:51

OKDiagnostics Check 07:51

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1709/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:15

Tallahassee PD

TACZAK,D

07/05/2018

14816080A3

OTHER State

ROY,G,

HERNDON

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:02

3.332Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:04

2.558Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:0009/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:20

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

WILLIAMS

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1 0.000Subject Sample 23:22

1.664Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:25

2.011Breath Volume 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:27

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:3809/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:24

05:56

Tallahassee PD

KELLER,DAVID

07/05/2018

14816080A3

Tallahassee PD

KELLER,DAVID,

ARREDONDO

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:50

0.000Air Blank 06:51

0.078Control Test 06:51

0.000Air Blank 06:51

# 1 0.113Subject Sample 06:52

1.582Breath Volume 06:52

0.000Air Blank 06:53

0.000Air Blank 06:55

# 2 0.116Subject Sample 06:56

1.882Breath Volume 06:56

0.000Air Blank 06:56

0.078Control Test 06:57

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:5609/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

18:35

FHP Troop H

AZRAK,PAUL

07/05/2018

14816080A3

FHP Troop H

AZRAK,PAUL,M

CONNEY

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

# 1Subject Sample 21:18 Subject Test Refused

0.000Breath Volume 21:18

0.000Air Blank 21:18

0.079Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4909/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:59

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

LEVI

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

# 1Subject Sample 04:34 Subject Test Refused

0.000Breath Volume 04:34

0.000Air Blank 04:34

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 09/25/2017 10:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5109/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:40

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

SOLIMAN

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.000Subject Sample 01:20

1.125Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.000Subject Sample 01:23

1.316Breath Volume 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 09/25/2017 10:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:2209/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:38

Tallahassee PD

SODERHOLM,CHELSEA

07/05/2018

14816080A3

Tallahassee PD

SODERHOLM,CHELSEA,C

BURDESHAW

08/07/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.078Control Test 00:34

0.000Air Blank 00:35

# 1 0.279Subject Sample 00:37

3.003Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.253Subject Sample 00:40

1.851Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:42

# 3 0.272Subject Sample 00:43

1.484Breath Volume 00:43

0.000Air Blank 00:44

0.075Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 09/25/2017 10:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1109/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:45

FL State University

VARNER,TYLER

07/05/2018

14816080A3

FL State University

SAINT LOUIS,JUNIOR,

SCOTT

09/25/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.078Control Test 03:38

0.000Air Blank 03:39

# 1Subject Sample 03:42 No Sample Provided

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2Subject Sample 03:47 No Sample Provided

0.000Breath Volume 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/25/2017 11:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3409/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:30

FL State University

WILSON,BRANDON

07/05/2018

14816080A3

FL State University

WILSON,BRANDON,J

COLAS

09/25/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

# 1 0.048Subject Sample 03:08

1.207Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.046Subject Sample 03:12

1.648Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/25/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:12:5609/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:45

09:35

FHP Troop H

ROBINSON,DARIN

07/05/2018

14816080A3

FHP Troop H

ROBINSON,DARIN,L

ABBOT

09/25/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:06

0.000Air Blank 11:06

0.079Control Test 11:06

0.000Air Blank 11:07

# 1 0.000Subject Sample 11:08

4.085Breath Volume 11:08

0.000Air Blank 11:08

0.000Air Blank 11:10

# 2 0.000Subject Sample 11:11

4.207Breath Volume 11:11

0.000Air Blank 11:12

0.078Control Test 11:12

0.000Air Blank 11:12

OKDiagnostics Check 11:12

Data Download Date/Time: 10/25/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:3209/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:37

Tallahassee PD

BRAXTON,D

07/05/2018

14816080A3

Tallahassee PD

BRAXTON,D,L

HARRIS

09/25/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:15

0.078Control Test 17:16

0.000Air Blank 17:16

# 1 0.032Subject Sample 17:17

2.238Breath Volume 17:17

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.030Subject Sample 17:20

1.644Breath Volume 17:20

0.000Air Blank 17:20

0.078Control Test 17:20

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 10/25/2017 11:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:2209/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:14

FHP Troop E

CASTILLO,JOSUET

03/30/2019

366849

FHP Troop E

CASTILLO,JOSUET,

CALDERON RODRIGUEZ

08/25/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 09/29/2017 11:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0109/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:04

FHP Troop K

GIZ,JOAQUIN

03/30/2019

366849

FHP Troop K

GIZ,JOAQUIN,G

TORRES

09/29/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.102Subject Sample 02:34 Volume Not Met

0.031Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.081Subject Sample 02:40 Volume Not Met

0.140Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 10/26/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001120CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:2609/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:04

FHP Troop K

GIZ,JOAQUIN

03/30/2019

366849

FHP Troop K

GIZ,JOAQUIN,G

TORRES

09/29/2017

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:46

# 1 0.098Subject Sample 02:47

1.855Breath Volume 02:47

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.100Subject Sample 02:50

2.468Breath Volume 02:50

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 10/26/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001129CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:0309/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

22:21

FFWCC (Ocala)

JONES,MATTHEW

02/05/2018

13413080A1

FFWCC (Ocala)

JONES,MATTHEW,R

GRAHAM

08/29/2017

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.084Control Test 22:21

0.000Air Blank 22:22

# 1 0.185Subject Sample 22:22

4.003Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.190Subject Sample 22:25

3.960Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:27

Data Download Date/Time: 10/02/2017 02:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001129CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2609/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:14

Putnam County SO

NUNEZ,MICHAEL

02/05/2018

01316080A2

Putnam County SO

FRENCH,CALEB,L

PEEPLES

08/29/2017

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 10/02/2017 02:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:0509/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:39

06:13

Volusia County SO

WHITSON,BRETT

12/10/2018

203498

Volusia County SO

BRYAN,STEVEN,A

BONDS

08/29/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:06

0.000Air Blank 07:06

0.081Control Test 07:07

0.000Air Blank 07:07

# 1Subject Sample 07:07 Subject Test Refused

0.000Breath Volume 07:07

0.000Air Blank 07:08

0.081Control Test 07:08

0.000Air Blank 07:09

OKDiagnostics Check 07:09

Data Download Date/Time: 09/06/2017 12:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4009/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:01

Volusia County SO

OTTE,ERIC

12/10/2018

203498

Volusia County SO

COKER,BRYAN,C

FORTIN

09/06/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:40

# 1 0.197Subject Sample 01:41

1.261Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.202Subject Sample 01:46

2.136Breath Volume 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/19/2017 15:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:35:5409/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

13:06

Volusia County SO

HANSARD,JOSHUA

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,D

BALAS

09/06/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:29

0.000Air Blank 14:30

0.079Control Test 14:30

0.000Air Blank 14:31

# 1 0.331Subject Sample 14:31

2.835Breath Volume 14:31

0.000Air Blank 14:32

0.000Air Blank 14:33

# 2 0.336Subject Sample 14:34

2.121Breath Volume 14:34

0.000Air Blank 14:35

0.079Control Test 14:35

0.000Air Blank 14:35

OKDiagnostics Check 14:35

Data Download Date/Time: 10/19/2017 15:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2209/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:18

Volusia County SO

MYERS,MATTHEW

12/10/2018

203498

Volusia County SO

MYERS,MATTHEW,A

ANDINO

09/06/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:10

# 1 0.170Subject Sample 03:11

1.945Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.172Subject Sample 03:14

1.324Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 10/19/2017 15:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:0809/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:58

Volusia County SO

MAXWELL,TIMOTHY

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,D

ACOSTA LEIVA

09/06/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.167Subject Sample 00:26

2.136Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.168Subject Sample 00:29

2.167Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 10/19/2017 15:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1509/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:19

Volusia County SO

GALARZA,BILLY

12/10/2018

203498

Volusia County SO

HANSARD,JOSHUA,D

OHLMAN

09/06/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.180Subject Sample 00:58

2.195Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.186Subject Sample 01:01

3.570Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 10/19/2017 15:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


