
80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1111/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:28

Monroe County SO

HODGES,TITUS

01/31/2020

686331

Monroe County SO

HODGES,TITUS,R

CHANDLER

11/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.082Control Test 22:21

0.000Air Blank 22:22

# 1 0.343Subject Sample 22:25 Volume Not Met

0.355Breath Volume 22:25

Air Blank 22:26 Purge Fail

Air Blank 22:27 Purge Fail

Data Download Date/Time: 11/05/2017 12:52

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3811/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:28

Monroe County SO

HODGES,TITUS

01/31/2020

686331

Monroe County SO

HODGES,TITUS,R

CHANDLER

11/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:30

# 1 0.362Subject Sample 22:32

1.972Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.369Subject Sample 22:35

1.273Breath Volume 22:35

0.000Air Blank 22:35

0.081Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 11/05/2017 12:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:15:1911/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:29

Monroe County SO

HANSEN,DYLLON

01/31/2020

686331

Monroe County SO

TORRES,DEANNA,N

PRICE

11/01/2017

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:09

0.000Air Blank 17:09

0.080Control Test 17:10

0.000Air Blank 17:10

# 1 0.290Subject Sample 17:10

1.957Breath Volume 17:10

0.000Air Blank 17:11

0.000Air Blank 17:13

# 2 0.285Subject Sample 17:13

1.882Breath Volume 17:13

0.000Air Blank 17:14

0.082Control Test 17:14

0.000Air Blank 17:15

OKDiagnostics Check 17:15

Data Download Date/Time: 11/05/2017 12:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:47:1511/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

11:44

Miami PD

SMITH,DANIEL

12/10/2018

203498

Coral Gables PD

PASTOR,JOSE,F

BRAVO

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:44

0.000Air Blank 13:44

0.079Control Test 13:45

0.000Air Blank 13:45

# 1Subject Sample 13:45 Subject Test Refused

0.000Breath Volume 13:45

0.000Air Blank 13:46

0.080Control Test 13:46

0.000Air Blank 13:47

OKDiagnostics Check 13:47

Data Download Date/Time: 11/30/2017 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:40:4511/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:07

12:56

Miami PD

MANNING,B

12/10/2018

203498

Miami PD

MILLER,LAUREN,M

GOMEZ RIVERA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:39

0.000Air Blank 13:39

0.075Control Test 13:39

Air Blank 13:40 RFI Detect

0.000Air Blank 13:40

Data Download Date/Time: 11/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:50:4711/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:07

12:56

Miami PD

MANNING,B

12/10/2018

203498

Miami PD

MILLER,LAUREN,M

GOMEZ RIVERA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:43

0.000Air Blank 13:43

0.075Control Test 13:43

0.000Air Blank 13:44

# 1 0.285Subject Sample 13:45

3.355Breath Volume 13:45

0.000Air Blank 13:46

0.000Air Blank 13:47

# 2 0.294Subject Sample 13:48

1.613Breath Volume 13:48

0.000Air Blank 13:49

0.075Control Test 13:50

0.000Air Blank 13:50

OKDiagnostics Check 13:50

Data Download Date/Time: 11/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0911/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:21

Miami PD

NAVARRO,IZARY

12/10/2018

203498

Miami PD

NAVARRO,IZARY,C

SEARCY BRYANT

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.264Subject Sample 03:06

1.632Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:08

# 2 0.272Subject Sample 03:10

2.015Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 11/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:25:3811/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:03

10:30

Miami PD

MORENO,MORENO

12/10/2018

203498

Miami PD

MORENO,CARLOS,

CARBALLOSA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:24

0.000Air Blank 12:24

0.081Control Test 12:24

Air Blank 12:25 RFI Detect

0.000Air Blank 12:25

Data Download Date/Time: 11/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:30:4311/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:03

10:30

Miami PD

MORENO,C

12/10/2018

203498

Miami PD

MORENO,CARLOS,

CARBALLOSA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:29

0.000Air Blank 12:29

0.080Control Test 12:29

0.000Air Blank 12:30

12:30 RFI Detect

Air Blank 12:30 RFI Detect

Data Download Date/Time: 11/30/2017 15:41

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:38:1111/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:03

10:30

Miami PD

MORENO,C

12/10/2018

203498

Miami PD

MORENO,C,

CARBALLOSA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:36

0.000Air Blank 12:37

0.080Control Test 12:37

Air Blank 12:37 RFI Detect

0.000Air Blank 12:38

Data Download Date/Time: 11/30/2017 15:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:45:3811/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:03

10:30

Miami PD

MORENO,C

12/10/2018

203498

Miami PD

MORENO,C,

CARBALLOSA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:42

0.000Air Blank 12:43

0.080Control Test 12:43

0.000Air Blank 12:44

# 1Subject Sample 12:44 Subject Test Refused

0.000Breath Volume 12:44

0.000Air Blank 12:44

0.080Control Test 12:45

0.000Air Blank 12:45

OKDiagnostics Check 12:45

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:4611/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:22

Miami PD

ODERA,JUDE

12/10/2018

203498

Miami PD

CANO,JUAN,D

CANNOE

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:47 Subject Test Refused

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.080Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:04:0711/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

14:30

Miami PD

JONES,ZANE

12/10/2018

203498

Miami-Dade PD

CADESTIN,JIM,F

FIGARO

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:55

0.000Air Blank 15:56

0.079Control Test 15:56

0.000Air Blank 15:57

# 1 0.252Subject Sample 15:57

2.539Breath Volume 15:57

0.000Air Blank 15:58

0.000Air Blank 16:00

# 2 0.247Subject Sample 16:02

1.667Breath Volume 16:02

Air Blank 16:03 Purge Fail

0.000Air Blank 16:04

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:3211/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:48

05:36

Miami PD

SILES,STEPHANIE

12/10/2018

203498

Miami PD

SILES,STEPHANIE,N

ROLAND

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:26

0.000Air Blank 06:26

0.079Control Test 06:27

0.000Air Blank 06:27

# 1 0.313Subject Sample 06:28

2.523Breath Volume 06:28

0.000Air Blank 06:29

0.000Air Blank 06:31

# 2 0.285Subject Sample 06:31

1.574Breath Volume 06:31

0.000Air Blank 06:32

0.000Air Blank 06:34

# 3 0.284Subject Sample 06:34

1.875Breath Volume 06:34

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:24:2811/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:54

09:54

Miami PD

SOCARRAS,ERICA

12/10/2018

203498

Miami PD

GARCIA,CHRISTOPHER,J

BALMACEDA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:21

0.000Air Blank 10:22

0.079Control Test 10:22

0.000Air Blank 10:22

# 1Subject Sample 10:23 Subject Test Refused

0.000Breath Volume 10:23

0.000Air Blank 10:23

0.079Control Test 10:23

0.000Air Blank 10:24

OKDiagnostics Check 10:24

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0911/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:35

Miami PD

AUGUSTE,SHERLEY

12/10/2018

203498

Miami PD

AUGUSTE,SHERLEY,

GARCIA

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.077Control Test 19:33

0.000Air Blank 19:34

# 1 0.000Subject Sample 19:34

3.066Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.000Subject Sample 19:37

3.097Breath Volume 19:37

0.000Air Blank 19:38

0.077Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:3911/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:50

Miami PD

OTANO,D

12/10/2018

203498

Miami PD

OTANO,D,

PITTMAN

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

# 1 0.000Subject Sample 21:48

4.878Breath Volume 21:48

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.000Subject Sample 21:51

4.832Breath Volume 21:51

0.000Air Blank 21:51

0.079Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5811/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:04

Miami PD

SIMINGTON,EARL

12/10/2018

203498

Miami PD

SIMINGTON,EARL,J

PLANOS

10/26/2017

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.078Control Test 03:38

0.000Air Blank 03:39

# 1 0.154Subject Sample 03:40

1.371Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.164Subject Sample 03:44

2.207Breath Volume 03:44

0.000Air Blank 03:46

0.077Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/30/2017 15:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000876CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5411/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:20

Hialeah PD

LINARES,CARLOS

02/21/2020

712031

Hialeah PD

ARROJAS,GABRIEL,L

HEREDIA

11/08/2017

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 12/13/2017 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:30

Homestead PD

GONZALEZ,JESUS

06/17/2018

1870563

Homestead PD

GONZALEZ,JESUS,O

ALCON CHUM

10/27/2017

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.081Control Test 22:16

0.000Air Blank 22:16

# 1 0.252Subject Sample 22:18

2.503Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:20

# 2 0.249Subject Sample 22:21

2.730Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 11/29/2017 19:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:0711/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

22:05

Homestead PD

RODRIGUEZ,RAUL

06/17/2018

1870563

Homestead PD

RODRIGUEZ,RAUL,

SANCHEZ

10/27/2017

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.081Control Test 22:36

0.000Air Blank 22:36

# 1 0.190Subject Sample 22:37

1.140Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.190Subject Sample 22:40

1.269Breath Volume 22:40

0.000Air Blank 22:41

0.085Control Test 22:41

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 11/29/2017 19:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:1211/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:33

Homestead PD

MAYS,DARRYL

06/17/2018

1870563

Homestead PD

RODRIGUEZ,RAUL,

DIAZ GARCIA

10/27/2017

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:01

# 1 0.233Subject Sample 21:03

2.593Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:05

# 2 0.242Subject Sample 21:06

2.738Breath Volume 21:06

0.000Air Blank 21:07

0.084Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 11/29/2017 19:04

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:3211/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

20:50

Miami Shores PD

ROIG,DAWN

09/05/2018

20016080A2

Miami Shores PD

ROIG,DAWN,M

DIAZ

11/02/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.079Control Test 22:27

0.000Air Blank 22:27

# 1 0.000Subject Sample 22:29

3.054Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.000Subject Sample 22:32

2.089Breath Volume 22:32

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/22/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:2311/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:58

Aventura PD

HELFNER,ISAAC

09/05/2018

20016080A2

Aventura PD

HELFNER,ISAAC,S

GONZALEZ

11/02/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.078Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 12/22/2017 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:05:4511/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

09:00

OTHER Local

TAMAYO,KEVIN

09/05/2018

20016080A2

OTHER Local

TAMAYO,KEVIN,X

RYAN

11/02/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:00

0.000Air Blank 10:00

0.081Control Test 10:00

0.000Air Blank 10:01

# 1 0.000Subject Sample 10:01

2.289Breath Volume 10:01

0.000Air Blank 10:02

0.000Air Blank 10:04

# 2 0.000Subject Sample 10:04

3.019Breath Volume 10:04

0.000Air Blank 10:04

0.081Control Test 10:05

0.000Air Blank 10:05

OKDiagnostics Check 10:05

Data Download Date/Time: 12/22/2017 13:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:39:1011/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:30

OTHER Local

TAMAYO,KEVIN

09/05/2018

20016080A2

OTHER Local

TAMAYO,KEVIN,X

SMITH

11/02/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:32

0.000Air Blank 08:32

0.080Control Test 08:33

0.000Air Blank 08:33

# 1 0.109Subject Sample 08:34

2.039Breath Volume 08:34

0.000Air Blank 08:35

0.000Air Blank 08:36

# 2 0.108Subject Sample 08:37

2.871Breath Volume 08:37

0.000Air Blank 08:38

0.079Control Test 08:38

0.000Air Blank 08:39

OKDiagnostics Check 08:39

Data Download Date/Time: 12/22/2017 13:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5911/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:23

Miami-Dade PD

ADAMS,STEVEN

09/05/2018

20016080A2

Miami-Dade PD

ADAMS,STEVEN,L

ZAMARRON-LOPEZ

11/02/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.082Control Test 02:58

0.000Air Blank 02:58

# 1 0.216Subject Sample 02:59

2.109Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.212Subject Sample 03:02

2.863Breath Volume 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 12/22/2017 13:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:27:0311/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:17

06:39

Miami-Dade PD

PACHECO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

GARCIA FERNANDEZ

11/02/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:24

0.000Air Blank 08:24

0.082Control Test 08:25

0.000Air Blank 08:25

# 1Subject Sample 08:25 Subject Test Refused

0.000Breath Volume 08:25

0.000Air Blank 08:26

0.081Control Test 08:26

0.000Air Blank 08:26

OKDiagnostics Check 08:27

Data Download Date/Time: 12/22/2017 13:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:0811/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

13:14

Biscayne Nat. Park

MONEY,NICKOLAS

09/05/2018

20016080A2

Everglades Nat Park

MULLETT,STEPHEN,A

ROJOP PEREZ

11/01/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:34

0.000Air Blank 15:35

0.081Control Test 15:35

0.000Air Blank 15:35

# 1 0.218Subject Sample 15:36

3.343Breath Volume 15:36

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.228Subject Sample 15:39

3.523Breath Volume 15:39

0.000Air Blank 15:40

0.078Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 12/28/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:1111/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:34

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

MEDINA

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.082Control Test 03:53

0.000Air Blank 03:53

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 11/10/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:2111/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:45

Miami-Dade PD

PEREZ,R

09/05/2018

20016080A2

Miami-Dade PD

PEREZ,R,

GREEN

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:17

0.000Air Blank 06:17

0.081Control Test 06:17

0.000Air Blank 06:18

# 1 0.090Subject Sample 06:18

1.246Breath Volume 06:18

0.000Air Blank 06:19

0.000Air Blank 06:21

# 2 0.087Subject Sample 06:21

1.261Breath Volume 06:21

0.000Air Blank 06:22

0.081Control Test 06:22

0.000Air Blank 06:23

OKDiagnostics Check 06:23

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:2111/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:34

Coral Gables PD

TAHA,KHALED

09/05/2018

20016080A2

Coral Gables PD

JORVA,ALEXANDER,

ZOGAIB

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:44

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.081Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:2411/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:16

Miami-Dade PD

LAPLACELIERE,LEONARDO

09/05/2018

20016080A2

Miami-Dade PD

ZACARIAS BARRIOS,ERNAN,A

ZACARIAS BARRIOS

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.081Control Test 04:53

0.000Air Blank 04:53

# 1 0.270Subject Sample 04:54

1.582Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:56

# 2 0.273Subject Sample 04:57

3.820Breath Volume 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:3711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

19:05

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

RUIZ-DAVILA

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.081Control Test 19:24

0.000Air Blank 19:25

# 1 0.128Subject Sample 19:26

3.281Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.114Subject Sample 19:32 Volume Not Met

1.058Breath Volume 19:32

Air Blank 19:33 Purge Fail

0.000Air Blank 19:33

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:3111/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

19:05

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

RUIZ-DAVILA

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.075Control Test 19:36

0.000Air Blank 19:36

# 1 0.121Subject Sample 19:37

2.570Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.104Subject Sample 19:40

2.359Breath Volume 19:40

0.000Air Blank 19:41

0.074Control Test 19:41 Control Outside Tolerance

0.000Air Blank 19:42

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:3511/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:10

Miami-Dade PD

TRUJILLO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

TRUJILLO,GEORGE,L

GIBSON

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.079Control Test 22:54

0.000Air Blank 22:54

# 1Subject Sample 22:55 Subject Test Refused

0.000Breath Volume 22:55

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5711/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:59

Coral Gables PD

TAHA,KHALED

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

CARRIONGUILARTE

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0011/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:43

Coral Gables PD

BECKER,ALEXA

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

CARABALLEALLANES

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:50 No Sample Provided

0.000Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.181Subject Sample 03:53

3.335Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:55

# 3 0.167Subject Sample 03:56

2.417Breath Volume 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:58

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:21:3211/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:49

15:35

OTHER Local

ZORRILLA,J

09/05/2018

20016080A2

OTHER Local

ZORRILLA,J,

BLANCO

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.081Control Test 16:10

0.000Air Blank 16:11

# 1Subject Sample 16:14 No Sample Provided

0.000Breath Volume 16:14

0.000Air Blank 16:15

0.000Air Blank 16:17

# 2Subject Sample 16:20 No Sample Provided

0.000Breath Volume 16:20

0.000Air Blank 16:20

0.081Control Test 16:20

0.000Air Blank 16:21

OKDiagnostics Check 16:21

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:40

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

PETIT

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:1911/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:40

OTHER Local

HERNANDEZ,JOE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

FISTEL

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.082Control Test 05:09

0.000Air Blank 05:09

# 1 0.160Subject Sample 05:12 Volume Not Met

0.402Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.193Subject Sample 05:17

1.480Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:19

# 3 0.182Subject Sample 05:20

1.625Breath Volume 05:20

0.000Air Blank 05:21

0.078Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:1211/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:24

Miami-Dade PD

FRANCO,GREGORY

09/05/2018

20016080A2

Miami-Dade PD

FRANCO,GREGORY,R

GIBSON

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.079Control Test 05:26

0.000Air Blank 05:27

# 1 0.127Subject Sample 05:27

3.445Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:30

# 2 0.128Subject Sample 05:30

2.484Breath Volume 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:31:3011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:05

09:04

OTHER Local

ZORRILLA,J

09/05/2018

20016080A2

OTHER Local

ZORRILLA,J,

CONTRERAS CANELON

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:25

0.000Air Blank 10:25

0.080Control Test 10:26

0.000Air Blank 10:26

# 1 0.061Subject Sample 10:27

2.398Breath Volume 10:27

0.000Air Blank 10:27

0.000Air Blank 10:29

# 2 0.061Subject Sample 10:29

1.953Breath Volume 10:29

0.000Air Blank 10:30

0.079Control Test 10:30

0.000Air Blank 10:31

OKDiagnostics Check 10:31

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4611/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:29

Miami-Dade PD

KINSEY SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

MYRTIL,REGINALD,J

QUINTANA GARCIA

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:4511/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:15

Coral Gables PD

NAYA,CHRISTOPHER

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

TORRES

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.082Control Test 04:23

0.000Air Blank 04:23

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.081Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:1011/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:00

OTHER Local

DIAZ,JAVIER

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

CRUZ

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.082Control Test 00:04

0.000Air Blank 00:04

# 1 0.000Subject Sample 00:05

3.773Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.000Subject Sample 00:08

4.460Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5111/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:00

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

GALIANO

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.082Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:31

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:3711/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:19

Miami-Dade PD

MESA,JONATHAN

09/05/2018

20016080A2

Miami-Dade PD

MESA,JONATHAN,A

PENA ACOSTA

10/26/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.202Subject Sample 05:12

2.210Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.212Subject Sample 05:14

1.371Breath Volume 05:14

0.000Air Blank 05:15

0.081Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 11/10/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:17

Coral Gables PD

TAHA,KHALED

09/05/2018

20016080A2

Coral Gables PD

JORVA,ALEXANDER,M

ANDERSON

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:2211/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:39

07:23

OTHER Local

AGUILERA,ANDREW

09/05/2018

20016080A2

OTHER Local

BORGES,SEAN,P

RODRIGUEZ ORTIZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:00

0.000Air Blank 08:00

0.081Control Test 08:00

0.000Air Blank 08:01

# 1 0.130Subject Sample 08:01

3.179Breath Volume 08:01

0.000Air Blank 08:02

0.000Air Blank 08:04

# 2 0.129Subject Sample 08:04

3.480Breath Volume 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:06

OKDiagnostics Check 08:06

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:1711/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

17:25

Sweetwater PD

LORENZO,YOSNIEL

09/05/2018

20016080A2

Sweetwater PD

LORENZO,YOSNIEL,

ALVAREZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.081Control Test 18:44

0.000Air Blank 18:45

# 1 0.218Subject Sample 18:45

1.679Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.219Subject Sample 18:48

1.250Breath Volume 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:3611/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

16:20

Miami-Dade PD

TRUJILLO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

TRUJILLO,GEORGE,L

ALGUERA

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:02

0.080Control Test 19:03

0.000Air Blank 19:03

# 1Subject Sample 19:05 Subject Test Refused

0.000Breath Volume 19:05

0.000Air Blank 19:05

0.080Control Test 19:06

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5111/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:39

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

VALCARCEL

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:5311/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:22

Miami-Dade PD

MESA,JONATHAN

09/05/2018

20016080A2

Miami-Dade PD

MESA,JONATHAN,A

MARTINEZ MORALES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:10

0.081Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0511/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:24

Coral Gables PD

NAYA,CHRISTOPHER

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

AMPEI

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:3711/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

04:38

Miami-Dade PD

PACHECO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

CEDENO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:54

# 1 0.104Subject Sample 05:56

2.421Breath Volume 05:56

0.000Air Blank 05:56

0.000Air Blank 05:58

# 2 0.102Subject Sample 05:59

1.875Breath Volume 05:59

0.000Air Blank 05:59

0.080Control Test 06:00

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:4511/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:33

Coral Gables PD

NAYA,CHRISTOPHER

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

AMARGOHERNANDEZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:26

0.000Air Blank 03:26

# 1 0.100Subject Sample 03:27

2.414Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.092Subject Sample 03:30

1.871Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:3411/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:19

Miami-Dade PD

PACHECO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

QUINDEMIL

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.082Control Test 04:26

0.000Air Blank 04:26

# 1 0.058Subject Sample 04:28

2.160Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.054Subject Sample 04:31

1.714Breath Volume 04:31

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:5811/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:00

Coral Gables PD

GONZALEZ,JUSTIN

09/05/2018

20016080A2

Coral Gables PD

JORVA,ALEXANDER,M

VANHOUDT

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:57

0.081Control Test 04:58

0.000Air Blank 04:58

# 1 0.234Subject Sample 04:59

2.996Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:01

# 2 0.217Subject Sample 05:02

1.820Breath Volume 05:02

0.000Air Blank 05:03

0.078Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4011/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:44

Coral Gables PD

RAMBERT,MICHAEL

09/05/2018

20016080A2

Coral Gables PD

JORVA,ALEXANDER,M

CASTANEDA ROMERO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.082Control Test 04:51

0.000Air Blank 04:52

# 1 0.195Subject Sample 04:52

1.699Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.190Subject Sample 04:55

1.347Breath Volume 04:55

0.000Air Blank 04:56

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:02:4311/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:08

06:15

OTHER Local

ESPOSA,LIONEL

09/05/2018

20016080A2

Miami-Dade PD

SANCHEZ,MANUEL,

W623071921320

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:56

0.000Air Blank 07:56

0.081Control Test 07:56

0.000Air Blank 07:57

# 1 0.076Subject Sample 07:58

2.093Breath Volume 07:58

0.000Air Blank 07:58

0.000Air Blank 08:00

# 2 0.073Subject Sample 08:01

1.746Breath Volume 08:01

0.000Air Blank 08:01

0.079Control Test 08:02

0.000Air Blank 08:02

OKDiagnostics Check 08:02

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:1511/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:45

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,M

GUTIERREZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.081Control Test 20:45

0.000Air Blank 20:45

# 1 0.242Subject Sample 20:47

1.105Breath Volume 20:47

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.243Subject Sample 20:50

1.500Breath Volume 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:4211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:50

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

HERNANDEZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3511/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:22

Coral Gables PD

TAHA,KHALED'

09/05/2018

20016080A2

Coral Gables PD

TAHA,KHALED,

SECKINGTON

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1 0.178Subject Sample 02:26 Volume Not Met

0.359Breath Volume 02:26

Air Blank 02:26 Improper Sample

Air Blank 02:27 Purge Fail

0.000Air Blank 02:27

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:3411/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:55

Miami-Dade PD

VARGAS,D

09/05/2018

20016080A2

Miami-Dade PD

VARGAS,D,

DUARTES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

# 1 0.199Subject Sample 02:38

3.398Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.196Subject Sample 02:41

2.882Breath Volume 02:41

0.000Air Blank 02:42

0.078Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:22

Miami-Dade PD

TAHA,M

09/05/2018

20016080A2

Coral Gables PD

KINSEY-SMITH,FELICIA,R

SECKINGTON

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:53

# 1 0.180Subject Sample 02:57

2.375Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.181Subject Sample 03:00

1.734Breath Volume 03:00

0.000Air Blank 03:01

0.076Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:02

Data Download Date/Time: 12/21/2017 10:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1111/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:55

Miami-Dade PD

KINSEY-SMITH,F

09/05/2018

20016080A2

Miami-Dade PD

FRANCO,GREGORY,R

RAMIREZ-BRITO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.153Subject Sample 03:12

2.460Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.153Subject Sample 03:15

2.023Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:1011/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:40

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

TORRES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.082Control Test 20:09

0.000Air Blank 20:09

# 1 0.153Subject Sample 20:13 Volume Not Met

0.000Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.203Subject Sample 20:18 Volume Not Met

0.085Breath Volume 20:18

0.000Air Blank 20:19

20:19 RFI Detect

0.000Air Blank 20:20

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:4311/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:40

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

TORRES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.078Control Test 20:22

0.000Air Blank 20:23

# 1 0.192Subject Sample 20:26 Volume Not Met

0.066Breath Volume 20:26

Air Blank 20:27 Purge Fail

0.000Air Blank 20:27

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:0511/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:40

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

TORRES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.076Control Test 20:31

0.000Air Blank 20:31

# 1 0.177Subject Sample 20:34 Volume Not Met

0.203Breath Volume 20:34

Air Blank 20:35 Purge Fail

0.000Air Blank 20:36

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:2211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

19:40

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

TORRES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.075Control Test 20:39

0.000Air Blank 20:39

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:40

0.076Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3011/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:05

OTHER Local

SIDDO,RAAJU

09/05/2018

20016080A2

OTHER Local

SIDDO,RAAJU,S

GRIJALVA

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.080Subject Sample 22:31

1.812Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.083Subject Sample 22:33

1.742Breath Volume 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:4311/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:00

Miami-Dade PD

FRANCO,GREGORY

09/05/2018

20016080A2

Miami-Dade PD

FRANCO,GREGORY,R

INFANTE

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1Subject Sample 01:49 No Sample Provided

0.000Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.081Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:39:3711/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:01

OTHER Local

ZORRILLA,J

09/05/2018

20016080A2

OTHER Local

ZORRILLA,J,

CONTRERASMATUTE

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:33

0.000Air Blank 08:33

0.081Control Test 08:33

0.000Air Blank 08:34

# 1 0.229Subject Sample 08:34

1.257Breath Volume 08:34

0.000Air Blank 08:35

0.000Air Blank 08:37

# 2 0.216Subject Sample 08:37

1.894Breath Volume 08:37

0.000Air Blank 08:38

0.078Control Test 08:39

0.000Air Blank 08:39

OKDiagnostics Check 08:39

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:4011/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:28

Coral Gables PD

RAMBERT,MICHAEL

09/05/2018

20016080A2

Coral Gables PD

RIVERA QUINONES,IGNACIO,

SAN MIGUEL ECHEMENDI

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.171Subject Sample 02:16

2.101Breath Volume 02:16

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.169Subject Sample 02:19

1.695Breath Volume 02:19

0.000Air Blank 02:19

0.081Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3611/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:44

Miami-Dade PD

FRANCO,GREGORY

09/05/2018

20016080A2

Miami-Dade PD

FRANCO,GREGORY,R

RUOCCO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

# 1 0.127Subject Sample 02:34

2.027Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.120Subject Sample 02:36

2.421Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:2211/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:14

18:09

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

RODRIGUEZ-ROBLES

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.081Control Test 18:36

0.000Air Blank 18:36

# 1 0.264Subject Sample 18:37

1.699Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.255Subject Sample 18:41

3.316Breath Volume 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0411/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:39

OTHER Local

SIDDO,RAAJU

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLEE,

MOLINA-MORENO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.082Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:10

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:3111/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:58

05:05

Miami-Dade PD

PACHECO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

VERAMENDI

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:25

0.081Control Test 06:25

0.000Air Blank 06:26

# 1 0.197Subject Sample 06:26

2.148Breath Volume 06:26

0.000Air Blank 06:27

0.000Air Blank 06:29

# 2 0.194Subject Sample 06:29

3.445Breath Volume 06:29

0.000Air Blank 06:30

0.080Control Test 06:30

0.000Air Blank 06:31

OKDiagnostics Check 06:31

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:2311/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:12

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

RIZO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:42

0.082Control Test 06:42

0.000Air Blank 06:43

# 1 0.182Subject Sample 06:44

1.437Breath Volume 06:44

0.000Air Blank 06:45

0.000Air Blank 06:46

# 2 0.187Subject Sample 06:48

1.890Breath Volume 06:48

0.000Air Blank 06:49

0.079Control Test 06:49

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:47:1111/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:14

06:05

Miami-Dade PD

PACHECO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

WILLIAMS

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:36

0.000Air Blank 07:37

0.081Control Test 07:37

0.000Air Blank 07:38

# 1 0.176Subject Sample 07:41

1.191Breath Volume 07:41

0.000Air Blank 07:41

0.000Air Blank 07:43

# 2 0.168Subject Sample 07:45

1.648Breath Volume 07:45

0.000Air Blank 07:46

0.080Control Test 07:46

0.000Air Blank 07:47

OKDiagnostics Check 07:47

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1211/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

00:52

Miami-Dade PD

TAHA,KHALED

09/05/2018

20016080A2

Coral Gables PD

PACHECO,GEORGE,

GREEN

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

# 1 0.101Subject Sample 02:35

3.214Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.100Subject Sample 02:38

2.078Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1111/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:59

Miami-Dade PD

FRANCO,GREGORY

09/05/2018

20016080A2

Miami-Dade PD

PACHECO,GEORGE,

IBARRA PEREZ

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.173Subject Sample 03:04

1.363Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.175Subject Sample 03:08

1.484Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:2611/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:41

Miami-Dade PD

MESA,JONATHAN

09/05/2018

20016080A2

Miami-Dade PD

MESA,JONATHAN,A

SAAVEDRA

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.081Control Test 05:41

0.000Air Blank 05:42

# 1 0.161Subject Sample 05:42

2.410Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.154Subject Sample 05:45

1.941Breath Volume 05:45

0.000Air Blank 05:46

0.079Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3611/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:00

OTHER Local

BARDELAS,MAYLEE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

STEFAN CAAMANO

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:26

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0811/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:40

Coral Gables PD

GONZALEZ,JUSTIN

09/05/2018

20016080A2

Coral Gables PD

LANFEAR,JAMES,A

RIOS

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

# 1 0.151Subject Sample 02:08

2.460Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.156Subject Sample 02:11

2.527Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:0911/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:43

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

PERALTA

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:1211/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

19:05

Sweetwater PD

LORENZO,YOSNIEL

09/05/2018

20016080A2

Sweetwater PD

LORENZO,YOSNIEL,

NOA AMADOR

11/10/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:38

0.080Control Test 19:38

0.000Air Blank 19:39

# 1 0.014Subject Sample 19:39

2.792Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.014Subject Sample 19:42

2.847Breath Volume 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 12/21/2017 10:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2011/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:36

Miami-Dade PD

SLIMAK,M

09/05/2018

20016080A2

Miami-Dade PD

TAPANES,R,

CORDOBA

10/04/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 11/21/2017 07:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:3011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:17

FFWCC (West Palm)

BLANCO,JUAN

09/05/2018

20016080A2

FFWCC (West Palm)

BLANCO,JUAN,S

AMELUNXEN

10/04/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:18

# 1 0.056Subject Sample 20:21 Volume Not Met

0.816Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.060Subject Sample 20:24

1.894Breath Volume 20:24

0.000Air Blank 20:25

0.000Air Blank 20:26

# 3 0.057Subject Sample 20:27

1.289Breath Volume 20:27

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 11/21/2017 07:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0711/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:57

Miami-Dade PD

QUINTANA,J

09/05/2018

20016080A2

Miami-Dade PD

SLIMAK,M,

PERA

10/04/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 11/21/2017 07:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:1111/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:06

Miami-Dade PD

NADAL,JOSE

09/05/2018

20016080A2

Miami-Dade PD

NADAL,JOSE,V

ALVAREZ

10/04/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

# 1 0.179Subject Sample 04:46

2.523Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.179Subject Sample 04:49

2.085Breath Volume 04:49

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 11/21/2017 07:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:04:0911/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:25

09:15

Miami-Dade PD

NGUYEN,P

09/05/2018

20016080A2

Miami-Dade PD

MORENO,FRANCISCO,

GONZALEZ

10/04/2017

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:58

0.000Air Blank 10:58

0.079Control Test 10:58

0.000Air Blank 10:59

# 1 0.240Subject Sample 10:59

2.425Breath Volume 10:59

0.000Air Blank 11:00

0.000Air Blank 11:02

# 2 0.239Subject Sample 11:02

1.984Breath Volume 11:02

0.000Air Blank 11:03

0.078Control Test 11:03

0.000Air Blank 11:04

OKDiagnostics Check 11:04

Data Download Date/Time: 11/21/2017 07:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5011/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

21:07

North Miami Beach PD

AZEVEDO,M

07/05/2019

12317080A3

North Miami Beach PD

DURHAM,SHAUNETTA,J

CASTILLO

11/08/2017

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.080Control Test 21:35

0.000Air Blank 21:36

# 1 0.158Subject Sample 21:39

1.203Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.168Subject Sample 21:44

1.144Breath Volume 21:44

0.000Air Blank 21:44

0.079Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 12/28/2017 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:4411/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

21:22

North Miami Beach PD

AZEVEDO,M

07/05/2019

12317080A3

North Miami Beach PD

DURHAM,SHAUNETTA,J

SHLOMO

11/08/2017

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.079Control Test 21:49

0.000Air Blank 21:49

# 1Subject Sample 21:52 No Sample Provided

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.080Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 12/28/2017 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:1611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:25

North Miami Beach PD

MARCELIN,KEVIN

07/05/2019

12317080A3

North Miami Beach PD

KIRKUS,JOSHUA,B

BLACK

11/08/2017

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

# 1 0.131Subject Sample 18:58

1.207Breath Volume 18:58

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.146Subject Sample 19:01

1.378Breath Volume 19:01

0.000Air Blank 19:02

0.080Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 12/28/2017 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2911/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:43

North Miami Beach PD

DOSTALY,STEVENS

07/05/2019

12317080A3

North Miami Beach PD

DOSTALY,STEVENS,

AUGUSTIN

11/08/2017

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:16 Subject Test Refused

0.000Breath Volume 04:16

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 12/28/2017 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:4411/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:44

North Miami Beach PD

HAQ,FAIZAN

07/05/2019

12317080A3

North Miami Beach PD

KIRKUS,JOSHUA,B

AMAYA

11/08/2017

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:10

0.079Control Test 20:11

0.000Air Blank 20:11

# 1Subject Sample 20:14 No Sample Provided

0.000Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2Subject Sample 20:17 Subject Test Refused

0.000Breath Volume 20:17

0.000Air Blank 20:17

0.079Control Test 20:18

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 12/28/2017 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:3211/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:44

Lee County SO

SAMMUT,A

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

LEWIS

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.174Subject Sample 03:31

3.312Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.178Subject Sample 03:34

3.167Breath Volume 03:34

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:5211/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:05

Lee County SO

BROWN,E

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

CASTRO MARTINEZ

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.212Subject Sample 23:01

1.347Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.215Subject Sample 23:04

2.582Breath Volume 23:04

0.000Air Blank 23:04

0.079Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4111/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:07

Sanibel PD

SHERWOOD,JOHN

02/05/2019

34416080A2

Sanibel PD

SHERWOOD,JOHN,

ULRICH

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

# 1 0.257Subject Sample 01:13

2.640Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.246Subject Sample 01:16

1.867Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4111/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:35

Lee County SO

HALL,CHRISTINE

02/05/2019

34416080A2

Lee County SO

HALL,CHRISTINE,K

JONES

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

# 1 0.133Subject Sample 22:36

1.328Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.134Subject Sample 22:39

1.648Breath Volume 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5611/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:55

FHP Troop F

BOTELLO,A

02/05/2019

34416080A2

FHP Troop F

BOTELLO,A,

DAULT

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

# 1 0.205Subject Sample 04:18

2.902Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:20

# 2 0.214Subject Sample 04:21

2.906Breath Volume 04:21

0.000Air Blank 04:22

0.077Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:0911/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

18:54

Lee County SO

BROWN,EARTHEN

02/05/2019

34416080A2

Lee County SO

ELLIS,BILLY,S

DIGIROLAMO

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

# 1 0.147Subject Sample 20:09

1.468Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.165Subject Sample 20:12

1.832Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:3311/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:43

Lee County SO

MORRIS,BRITTANY

02/05/2019

34416080A2

Fort Myers PD

ELLIS,BILLY,S

PHILLIPS

10/18/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.079Control Test 20:25

0.000Air Blank 20:26

# 1 0.000Subject Sample 20:26

1.992Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.000Subject Sample 20:30

2.007Breath Volume 20:30

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 11/08/2017 12:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:4911/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:41

15:41

FHP Troop F

GARCIA,HENRY

02/05/2019

34416080A2

FHP Troop F

GARCIA,HENRY,E

MARTINEZ

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:16

0.000Air Blank 17:16

0.078Control Test 17:16

0.000Air Blank 17:17

# 1 0.269Subject Sample 17:20

1.367Breath Volume 17:20

0.000Air Blank 17:21

0.000Air Blank 17:22

# 2 0.243Subject Sample 17:24

1.109Breath Volume 17:24

0.000Air Blank 17:24

0.000Air Blank 17:26

# 3 0.285Subject Sample 17:27

2.050Breath Volume 17:27

0.000Air Blank 17:27

0.075Control Test 17:28

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0411/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:12

Lee County SO

CALHOUN,KURTIS

02/05/2019

34416080A2

Lee County SO

HALL,CHRISTINE,K

COIRO

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.079Control Test 22:13

0.000Air Blank 22:13

# 1 0.207Subject Sample 22:14

1.308Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.207Subject Sample 22:17

1.292Breath Volume 22:17

0.000Air Blank 22:18

0.078Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:19

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3811/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:45

Lee County SO

SMITH,JOSIAH

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

MOYER

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.079Control Test 04:08

0.000Air Blank 04:08

# 1 0.158Subject Sample 04:09

1.441Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.178Subject Sample 04:12

1.527Breath Volume 04:12

0.000Air Blank 04:12

0.078Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2611/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:10

Lee County SO

ROEDDING,JOSHUA

02/05/2019

34416080A2

Lee County SO

ELLIS,BILLY,S

FOX

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:36

# 1 0.061Subject Sample 00:36

1.937Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.057Subject Sample 00:39

1.644Breath Volume 00:39

0.000Air Blank 00:40

0.079Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:4011/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:36

Lee County SO

SCHILKE,CARL

02/05/2019

34416080A2

Lee County SO

ELLIS,BILLY,S

WINKLEMAN

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:47

# 1 0.161Subject Sample 02:49

1.261Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.159Subject Sample 02:52

1.296Breath Volume 02:52

0.000Air Blank 02:52

0.078Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:4611/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:39

Fort Myers PD

RICE,BRETT

02/05/2019

34416080A2

Fort Myers PD

MALDONADO,RYAN,A

NEWMAN

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:27

0.080Control Test 20:28

0.000Air Blank 20:28

# 1 0.260Subject Sample 20:29

1.386Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.253Subject Sample 20:32

1.179Breath Volume 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3911/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:52

Lee County SO

TEETER,L

02/05/2019

34416080A2

Lee County SO

VANPELT,J,J

TREW

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:45

# 1 0.117Subject Sample 01:46

3.726Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.116Subject Sample 01:50

2.945Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4011/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:42

Lee County SO

BAIR,J

02/05/2019

34416080A2

Lee County SO

VANPELT,J,J

WILKINSON

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

# 1 0.186Subject Sample 01:59

3.613Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.194Subject Sample 02:02

2.492Breath Volume 02:02

Air Blank 02:03 RFI Detect

0.000Air Blank 02:03

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:0511/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:50

Fort Myers PD

TRASK,J

02/05/2019

34416080A2

Fort Myers PD

TRASK,J,N

COLMENARES

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:45

0.080Control Test 16:45

0.000Air Blank 16:46

# 1 0.000Subject Sample 16:46

3.765Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.000Subject Sample 16:49

3.230Breath Volume 16:49

0.000Air Blank 16:50

0.079Control Test 16:50

0.000Air Blank 16:50

OKDiagnostics Check 16:51

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:3011/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

16:44

Fort Myers PD

VANDALL,E

02/05/2019

34416080A2

Lee County SO

TRASK,J,

FRANCIS

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.079Control Test 18:26

0.000Air Blank 18:27

# 1 0.224Subject Sample 18:28

3.058Breath Volume 18:28

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.218Subject Sample 18:31

2.769Breath Volume 18:31

0.000Air Blank 18:31

0.078Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:2411/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:18

Lee County SO

HALL,CHRISTINE

02/05/2019

34416080A2

Lee County SO

HALL,CHRISTINE,K

BLAS

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:17

# 1 0.215Subject Sample 22:18

1.761Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.233Subject Sample 22:20

1.878Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:0611/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:06

FHP Troop F

PINGRY,BRIAN

02/05/2019

34416080A2

FHP Troop F

PINGRY,BRIAN,J

BALMER

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.079Control Test 05:03

0.000Air Blank 05:03

# 1 0.155Subject Sample 05:06

1.304Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.145Subject Sample 05:12 Volume Not Met

0.015Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:14

# 3 0.161Subject Sample 05:15

1.625Breath Volume 05:15

0.000Air Blank 05:16

0.077Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3011/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:00

FHP Troop F

GARCIA,HENRY

02/05/2019

34416080A2

FHP Troop F

GARCIA,HENRY,E

HALLEY

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

# 1 0.130Subject Sample 20:02

1.648Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.131Subject Sample 20:05

1.527Breath Volume 20:05

0.000Air Blank 20:06

0.077Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2311/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:00

Lee County SO

HALL,CHRISTINE

02/05/2019

34416080A2

Lee County SO

HALL,CHRISTINE,K

LOATMAN

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

# 1 0.000Subject Sample 22:39

2.523Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.000Subject Sample 22:42

1.847Breath Volume 22:42

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1511/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:22

Cape Coral PD

MELIDOR,BENSLY

02/05/2019

34416080A2

Fort Myers PD

TOBLER,AMANDA,R

CHAMPNEY

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1 0.111Subject Sample 05:17

1.468Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.097Subject Sample 05:21

1.894Breath Volume 05:21

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:09:0211/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:11

Lee County SO

HALL,CHRISTINE

02/05/2019

34416080A2

Lee County SO

HALL,CHRISTINE,K

MILLER

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:03

0.000Air Blank 15:03

0.080Control Test 15:03

0.000Air Blank 15:04

# 1 0.242Subject Sample 15:04

2.078Breath Volume 15:04

0.000Air Blank 15:05

0.000Air Blank 15:07

# 2 0.235Subject Sample 15:07

1.957Breath Volume 15:07

0.000Air Blank 15:08

0.079Control Test 15:08

0.000Air Blank 15:08

OKDiagnostics Check 15:09

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:2211/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:16

Lee County SO

SMITH,JOSIAH

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

CARPIO

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

# 1 0.000Subject Sample 20:40

1.812Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.000Subject Sample 20:43

1.734Breath Volume 20:43

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5811/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:27

Cape Coral PD

SCARLATO,MICHAEL

02/05/2019

34416080A2

Cape Coral PD

JOHNSON,SARAH,M

FLEMION

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:25 Subject Test Refused

0.000Breath Volume 23:25

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:4511/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:30

Lee County SO

NAYLOR,MAURICE

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

ANDERSON

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1 0.140Subject Sample 19:13

1.312Breath Volume 19:13

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.144Subject Sample 19:16

1.515Breath Volume 19:16

0.000Air Blank 19:16

0.079Control Test 19:17

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:0711/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:22

Lee County SO

SMITH,JOSIAH

02/05/2019

34416080A2

Lee County SO

SMITH,JOSIAH,R

YURKO

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:33

# 1 0.198Subject Sample 21:33

1.312Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.192Subject Sample 21:36

1.457Breath Volume 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:0711/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:37

Sanibel PD

SHERWOOD,JOHN

02/05/2019

34416080A2

Sanibel PD

SHERWOOD,JOHN,M

FOWLER

11/08/2017

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.080Control Test 23:53

0.000Air Blank 23:53

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 12/15/2017 12:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:3611/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:30

Collier County SO

KILCOYNE,B

08/05/2018

17316080A3

Collier County SO

ELIAS,D,

GARCIA

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.077Control Test 03:27

0.000Air Blank 03:28

# 1Subject Sample 03:29 Sequence Aborted

0.000Breath Volume 03:29

0.000Air Blank 03:29

Data Download Date/Time: 12/05/2017 15:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:2811/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:00

Collier County SO

DRISCOLL,JAMES

08/05/2018

17316080A3

Collier County SO

DRISCOLL,JAMES,P

PU CASTRO

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.079Control Test 19:08

0.000Air Blank 19:09

# 1 0.234Subject Sample 19:10

1.253Breath Volume 19:10

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.239Subject Sample 19:12

2.371Breath Volume 19:12

0.000Air Blank 19:13

0.078Control Test 19:13

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 12/05/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:2511/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

18:50

Collier County SO

PICCOLI,M

08/05/2018

17316080A3

Collier County SO

GALLOPS,COLTON,M

BRADLEY

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.078Control Test 19:48

0.000Air Blank 19:49

# 1 0.192Subject Sample 19:50

1.304Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.174Subject Sample 19:53

1.121Breath Volume 19:53

0.000Air Blank 19:54

0.077Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 12/05/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0211/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

19:40

Collier County SO

ROWLEY,C

08/05/2018

17316080A3

Collier County SO

RIVAS,W,R

ZENON CONTRERAS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

# 1 0.105Subject Sample 21:05 Volume Not Met

0.359Breath Volume 21:05

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.108Subject Sample 21:09

1.269Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:12

# 3 0.111Subject Sample 21:13

1.519Breath Volume 21:13

0.000Air Blank 21:14

0.076Control Test 21:14

0.000Air Blank 21:14

OKDiagnostics Check 21:15

Data Download Date/Time: 12/05/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:1011/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

20:12

Collier County SO

GRANNEMAN,B

08/05/2018

17316080A3

Naples PD

OLMSTEAD,J,

ADAMS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.088Subject Sample 00:57

3.273Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.080Subject Sample 01:00

3.328Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 12/05/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0011/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:05

Collier County SO

SUDANO,B

08/05/2018

17316080A3

Collier County SO

ANNORAT,ADELY,

MOLL

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:20

# 1 0.218Subject Sample 01:23 Volume Not Met

0.191Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.233Subject Sample 01:27

1.238Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 3 0.235Subject Sample 01:30

1.804Breath Volume 01:30

0.000Air Blank 01:31

0.076Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 12/05/2017 15:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:30

Collier County SO

DIAZ,R

08/05/2018

17316080A3

Collier County SO

MERTILUS,FREDELYNE,

SANDERS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.078Control Test 23:27

0.000Air Blank 23:27

# 1 0.208Subject Sample 23:28

2.738Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.199Subject Sample 23:31

2.054Breath Volume 23:31

0.000Air Blank 23:31

0.077Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5311/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:58

Collier County SO

KILCOYNE,B

08/05/2018

17316080A3

Collier County SO

CURTSINGER,CODY,A

MOORE

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

# 1 0.141Subject Sample 01:07

3.218Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.140Subject Sample 01:10

3.007Breath Volume 01:10

0.000Air Blank 01:10

0.078Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5011/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:05

Collier County SO

PULIZZOTTO,S

08/05/2018

17316080A3

Collier County SO

HERNANDEZ,MARTIN,C

RIVAS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

# 1 0.221Subject Sample 03:26

2.300Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.219Subject Sample 03:29

1.804Breath Volume 03:29

0.000Air Blank 03:29

0.077Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1711/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

05:00

Collier County SO

LOPEZ,JOSE

08/05/2018

17316080A3

Collier County SO

LOPEZ,JOSE,D

RODRIGUEZ

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.078Control Test 05:42

0.000Air Blank 05:43

# 1 0.193Subject Sample 05:43

1.945Breath Volume 05:43

0.000Air Blank 05:44

0.000Air Blank 05:46

# 2 0.200Subject Sample 05:46

2.929Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:4511/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:58

11:43

Collier County SO

VANGELDER,LEE

08/05/2018

17316080A3

Collier County SO

MARSH,MICHAEL,J

HICKS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 13:21

0.000Air Blank 13:22

0.078Control Test 13:22

0.000Air Blank 13:22

# 1 0.038Subject Sample 13:23

1.710Breath Volume 13:23

0.000Air Blank 13:23

0.000Air Blank 13:25

# 2 0.036Subject Sample 13:26

1.785Breath Volume 13:26

0.000Air Blank 13:26

0.079Control Test 13:27

0.000Air Blank 13:27

OKDiagnostics Check 13:27

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:1411/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:59

18:25

Collier County SO

MILLER,K

08/05/2018

17316080A3

Collier County SO

ROGERS,MATTHEW,L

GIBLIN

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:29

# 1 0.206Subject Sample 19:30

3.226Breath Volume 19:30

0.000Air Blank 19:31

0.000Air Blank 19:33

# 2 0.211Subject Sample 19:33

2.839Breath Volume 19:33

0.000Air Blank 19:34

0.079Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1711/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

18:41

Collier County SO

CHAPMAN,M

08/05/2018

17316080A3

Collier County SO

NOEL,YVES,

GRANT

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:59

0.079Control Test 19:59

0.000Air Blank 19:59

# 1 0.166Subject Sample 20:02

1.390Breath Volume 20:02

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.171Subject Sample 20:06

1.757Breath Volume 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0711/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:37

Collier County SO

FORD,L

08/05/2018

17316080A3

Collier County SO

ASHLINE,CLINTON,J

MADDOX

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

# 1Subject Sample 02:28 RFI Detect

0.000Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4211/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:37

Collier County SO

FORD,L

08/05/2018

17316080A3

Collier County SO

ASHLINE,CLINTON,J

MADDOX

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:33

# 1 0.133Subject Sample 02:35

1.265Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.134Subject Sample 02:38

2.808Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0011/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:30

Collier County SO

PICCOLI,M

08/05/2018

17316080A3

Collier County SO

GEORGE,SHANNON,N

PENA ACOSTA

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:59

# 1 0.000Subject Sample 05:01

1.281Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.000Subject Sample 05:06

1.265Breath Volume 05:06

0.000Air Blank 05:07

0.080Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1511/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:36

Collier County SO

CORNELIUS,TIM

08/05/2018

17316080A3

Collier County SO

CORNELIUS,TIM,

MEIER RACHMAN

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:39 No Sample Provided

0.000Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.250Subject Sample 22:44

1.730Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 3 0.241Subject Sample 22:49

1.929Breath Volume 22:49

0.000Air Blank 22:50

0.078Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:1411/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:28

Collier County SO

WOODS,H

08/05/2018

17316080A3

Collier County SO

BIERMAN,BRENT,

COLLEA

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

# 1 0.190Subject Sample 01:06

2.734Breath Volume 01:06

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.196Subject Sample 01:09

3.593Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:29:0511/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:49

15:00

FHP Troop F

BEERNARD,NICK

08/05/2018

17316080A3

FHP Troop F

BERNARD,NICK,A

SCHMICK 4TH

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:23

0.078Control Test 16:23

0.000Air Blank 16:24

# 1 0.136Subject Sample 16:24

4.050Breath Volume 16:24

0.000Air Blank 16:25

0.000Air Blank 16:27

# 2 0.130Subject Sample 16:27

1.289Breath Volume 16:27

0.000Air Blank 16:28

0.079Control Test 16:28

0.000Air Blank 16:28

OKDiagnostics Check 16:29

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:5311/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:41

Collier County SO

DESIMONE,B

08/05/2018

17316080A3

Collier County SO

LUGO,J,B

SIMPKINS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.079Control Test 21:59

0.000Air Blank 21:59

# 1Subject Sample 22:01 Subject Test Refused

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.079Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:2211/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:50

Collier County SO

LUKASZ,C

08/05/2018

17316080A3

Collier County SO

ROHRAFF,HARRY,E

BUNN

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.079Control Test 19:46

0.000Air Blank 19:46

# 1 0.117Subject Sample 19:48

1.183Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:50

# 2 0.112Subject Sample 19:51

1.289Breath Volume 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:55:3711/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

15:21

15:15

Collier County SO

TORRES,BRENDA

08/05/2018

17316080A3

Collier County SO

DEDES,WILLIAM,T

SEIPLE

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:47

0.000Air Blank 15:47

0.080Control Test 15:48

0.000Air Blank 15:48

# 1 0.017Subject Sample 15:51

1.519Breath Volume 15:51

0.000Air Blank 15:51

0.000Air Blank 15:53

# 2 0.016Subject Sample 15:54

2.125Breath Volume 15:54

0.000Air Blank 15:54

0.079Control Test 15:55

0.000Air Blank 15:55

OKDiagnostics Check 15:55

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:3011/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:57

16:24

Collier County SO

MILLER,KURT

08/05/2018

17316080A3

Collier County SO

SILVEIRA,BARBARA,A

SAVAGE

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 17:27

0.000Air Blank 17:27

0.079Control Test 17:27

0.000Air Blank 17:28

# 1 0.187Subject Sample 17:31

1.222Breath Volume 17:31

0.000Air Blank 17:31

0.000Air Blank 17:33

# 2 0.194Subject Sample 17:35

1.226Breath Volume 17:35

0.000Air Blank 17:36

0.078Control Test 17:36

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:2611/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:14

Collier County SO

CORNELIUS,TIM

08/05/2018

17316080A3

Collier County SO

CORNELIUS,TIM,

MARCUM

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.078Control Test 21:45

0.000Air Blank 21:45

# 1 0.000Subject Sample 21:46

2.386Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.000Subject Sample 21:49

2.117Breath Volume 21:49

0.000Air Blank 21:49

0.078Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:3511/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:51

Collier County SO

WOODS,H

08/05/2018

17316080A3

Collier County SO

PRATT,NICHOLAS,J

ROMANO

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

# 1 0.000Subject Sample 00:35

1.937Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.000Subject Sample 00:38

1.488Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5411/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:30

Collier County SO

PICCOLI,.

08/05/2018

17316080A3

Collier County SO

GONZALES,YVETTE,

PACE

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

# 1 0.138Subject Sample 02:31

1.148Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.125Subject Sample 02:34

1.980Breath Volume 02:34

0.000Air Blank 02:35

0.077Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:1611/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:30

Collier County SO

CABRAL,P

08/05/2018

17316080A3

Collier County SO

BATSON,MITCHELL,J

LARRA-MARGUEZ

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.078Control Test 03:48

0.000Air Blank 03:49

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:03

Collier County SO

STUDZINSKI,K

08/05/2018

17316080A3

Collier County SO

CARRILLO,XAVIER,R

VEGA

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:26

# 1 0.145Subject Sample 04:29 Volume Not Met

0.019Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.183Subject Sample 04:33

1.480Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 3 0.189Subject Sample 04:36

1.546Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:38

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2811/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:25

Collier County SO

SMITH,RASHAAD

08/05/2018

17316080A3

Collier County SO

SMITH,RASHAAD,A

KLETT

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.141Subject Sample 23:27

1.355Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.142Subject Sample 23:29

2.042Breath Volume 23:29

0.000Air Blank 23:30

0.078Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:41

Collier County SO

MCCORMICK,P

08/05/2018

17316080A3

Collier County SO

BUONPANE,V,D

VELEZ

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

# 1 0.196Subject Sample 01:47 Volume Not Met

0.406Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.078Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:1811/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:58

Collier County SO

DELGADO,A

08/05/2018

17316080A3

Collier County SO

BELL,ONDREA,L

CALO

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:49

# 1 0.162Subject Sample 19:49

3.027Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.165Subject Sample 19:52

2.847Breath Volume 19:52

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:1511/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:33

18:05

FFWCC (West Palm)

KNUTSON,PETER

08/05/2018

17316080A3

FFWCC (West Palm)

WHITE,REID,B

GRATKOWSKI

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.079Control Test 19:59

0.000Air Blank 19:59

# 1Subject Sample 19:59 RFI Detect

0.000Breath Volume 19:59

0.000Air Blank 20:00

0.079Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:4611/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:33

18:05

FFWCC (West Palm)

KNUTSON,PETER

08/05/2018

17316080A3

FFWCC (West Palm)

WHITE,REID,B

GRATKOWSKI

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.080Control Test 20:04

0.000Air Blank 20:04

# 1 0.129Subject Sample 20:05

3.351Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:07

# 2 0.127Subject Sample 20:08

3.324Breath Volume 20:08

0.000Air Blank 20:08

0.080Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5311/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:30

Collier County SO

LEONI,S

08/05/2018

17316080A3

Collier County SO

VILLANEDA ROMO,KARLA,A

CORADO

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.078Control Test 22:41

0.000Air Blank 22:41

# 1 0.302Subject Sample 22:42

1.675Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.307Subject Sample 22:45

1.218Breath Volume 22:45

0.000Air Blank 22:45

0.078Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:2811/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:52

17:10

Collier County SO

BURD,E

08/05/2018

17316080A3

Collier County SO

SAINT-FORT,P,

FELT

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:19

0.080Control Test 18:19

0.000Air Blank 18:20

# 1 0.311Subject Sample 18:20

2.878Breath Volume 18:20

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.306Subject Sample 18:23

3.003Breath Volume 18:23

0.000Air Blank 18:24

0.078Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:5311/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:24

17:30

Collier County SO

FORTUNE,T

08/05/2018

17316080A3

Naples PD

ANNORAT,ADELY,

GARCIA

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:54

0.079Control Test 18:54

0.000Air Blank 18:54

# 1 0.159Subject Sample 18:55

2.214Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 2 0.160Subject Sample 18:58

2.292Breath Volume 18:58

0.000Air Blank 18:58

0.076Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0711/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:17

FHP Troop F

GREISHEIMER,JOHN

08/05/2018

17316080A3

FHP Troop F

GREISHEIMER,JOHN,V

JACKSON

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:01

# 1 0.109Subject Sample 00:02

1.535Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.104Subject Sample 00:05

1.644Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:4511/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:30

Collier County SO

DESIMONE,B

08/05/2018

17316080A3

Collier County SO

GALLOPS,COLTON,M

RAMIREZ

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.078Control Test 00:22

0.000Air Blank 00:22

# 1 0.156Subject Sample 00:23

1.363Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.157Subject Sample 00:27

1.179Breath Volume 00:27

0.000Air Blank 00:27

0.078Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:1411/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:05

Collier County SO

NATSON,ANDRAE

08/05/2018

17316080A3

Collier County SO

NATSON,ANDRAE,M

DIONNE

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.164Subject Sample 01:25

4.117Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.164Subject Sample 01:28

3.582Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:1811/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:18

Collier County SO

MILLER,K

08/05/2018

17316080A3

Collier County SO

HOGAN,T,J

HOLDING

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

# 1 0.127Subject Sample 02:02

1.109Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.166Subject Sample 02:05

2.019Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 3 0.152Subject Sample 02:08

2.085Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:4311/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:10

Collier County SO

NOVA,M

08/05/2018

17316080A3

Collier County SO

MILLER,KEVIN,J

VILLEGAS LIGAS

11/01/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.078Control Test 22:46

0.000Air Blank 22:46

# 1 0.168Subject Sample 22:47

2.195Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.165Subject Sample 22:50

2.058Breath Volume 22:50

0.000Air Blank 22:50

0.079Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 12/05/2017 15:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3011/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:01

Collier County SO

WOODS,HUNTER

08/05/2018

17316080A3

Collier County SO

BIBEY,AMANDA,L

MCLAUGHLIN

10/02/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

# 1 0.116Subject Sample 01:58

1.542Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.118Subject Sample 02:01

1.324Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 11/02/2017 10:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:1311/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:07

Collier County SO

SMITH,RASHAAD

08/05/2018

17316080A3

Collier County SO

SMITH,RASHAAD,A

SANCHEZ CACERES

10/02/2017

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.122Subject Sample 04:01

1.621Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.128Subject Sample 04:04

1.359Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/02/2017 10:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:1111/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

02:20

02:00

Glades County SO

JEAN,FRANTZ

03/05/2018

04216080A3

Glades County SO

BONILLA,JOSUE,D

PARKER

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.077Control Test 02:53

0.000Air Blank 02:54

# 1 0.149Subject Sample 02:54

2.382Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.146Subject Sample 02:57

1.621Breath Volume 02:57

0.000Air Blank 02:58

0.076Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 11/30/2017 12:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0911/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

02:20

02:00

Glades County SO

SEMPLE,WILLIAM

03/05/2018

04216080A3

Glades County SO

BONILLA,JOSUE,D

KELLY

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.077Control Test 03:18

0.000Air Blank 03:19

# 1 0.010Subject Sample 03:19

1.566Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.009Subject Sample 03:22

1.453Breath Volume 03:22

0.000Air Blank 03:23

0.077Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 11/30/2017 12:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:03:5611/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

22:45

Glades County SO

SALGADO,W

03/05/2018

04216080A3

Glades County SO

HERNANDEZ,JOEL,D

PARKER

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:56

0.000Air Blank 06:57

0.077Control Test 06:57

0.000Air Blank 06:58

# 1 0.070Subject Sample 06:59

1.253Breath Volume 06:59

0.000Air Blank 06:59

0.000Air Blank 07:01

# 2 0.070Subject Sample 07:02

1.222Breath Volume 07:02

0.000Air Blank 07:03

0.075Control Test 07:03

0.000Air Blank 07:03

OKDiagnostics Check 07:03

Data Download Date/Time: 11/30/2017 12:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:13:4811/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

22:45

Glades County SO

SALGADO,WILMER

03/05/2018

04216080A3

Glades County SO

HERNANDEZ,JOEL,D

KELLY

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:06

0.000Air Blank 07:07

0.077Control Test 07:07

0.000Air Blank 07:08

# 1 0.000Subject Sample 07:08

1.214Breath Volume 07:08

0.000Air Blank 07:09

0.000Air Blank 07:11

# 2 0.000Subject Sample 07:12

1.636Breath Volume 07:12

0.000Air Blank 07:12

0.075Control Test 07:13

0.000Air Blank 07:13

OKDiagnostics Check 07:13

Data Download Date/Time: 11/30/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0511/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:43

Glades County SO

HERNANDEZ,D

03/05/2018

04216080A3

Glades County SO

HERNANDEZ,D,

FORTEZA GARCIA

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.077Control Test 22:33

0.000Air Blank 22:33

# 1 0.186Subject Sample 22:34

1.949Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.188Subject Sample 22:37

2.039Breath Volume 22:37

0.000Air Blank 22:38

0.078Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:39

Data Download Date/Time: 11/30/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:05:0811/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:16

Glades County SO

SILVA,JUAN

03/05/2018

04216080A3

Glades County SO

HERNANDEZ,JOEL,D

GUZMAN VELAZQUEZ

10/31/2017

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:59

0.000Air Blank 11:59

0.077Control Test 11:59

0.000Air Blank 12:00

# 1 0.095Subject Sample 12:00

2.148Breath Volume 12:00

0.000Air Blank 12:01

0.000Air Blank 12:03

# 2 0.093Subject Sample 12:03

2.203Breath Volume 12:03

0.000Air Blank 12:04

0.077Control Test 12:04

0.000Air Blank 12:05

OKDiagnostics Check 12:05

Data Download Date/Time: 11/30/2017 12:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000950CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4111/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:37

Havana PD

LITTLE,RODRIAL

01/05/2018

34015080A2

Havana PD

LITTLE,RODERIAL,A

TERRY

10/17/2017

8100.27

HAVANA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.076Control Test 04:43

0.000Air Blank 04:44

# 1Subject Sample 04:44 Subject Test Refused

0.000Breath Volume 04:44

0.000Air Blank 04:44

0.076Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/14/2017 10:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4211/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:56

FHP Troop H

MATTHEWS,DUSTIN

07/05/2018

14816080A3

Jefferson County SO

SMITH,DAVID,H

BRACKETT

10/11/2017

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

# 1Subject Sample 21:59 RFI Detect

0.000Breath Volume 21:59

0.000Air Blank 21:59

0.079Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 11/15/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2811/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:56

FHP Troop H

MATTHEWS,DUSTIN

07/05/2018

14816080A3

Jefferson County SO

SMITH,DAVID,H

BRACKETT

10/11/2017

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:05

# 1 0.126Subject Sample 22:07

1.558Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 2 0.115Subject Sample 22:12

1.910Breath Volume 22:12

0.000Air Blank 22:13

0.078Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 11/15/2017 10:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0911/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:11

Clewiston PD

MCNEIL,DARRIN

12/01/2019

644476

Clewiston PD

MCNEIL,DARRIN,J

LARIOS GRAVE

10/05/2017

8100.27

CLEWISTON P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.073Control Test 02:50 Control Outside Tolerance

0.000Air Blank 02:51

Data Download Date/Time: 11/28/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2611/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:11

Clewiston PD

MCNEIL,DARRIN

12/01/2019

644476

Clewiston PD

MCNEIL,DARRIN,J

LARIOS GRAVE

10/05/2017

8100.27

CLEWISTON P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.075Control Test 02:54

0.000Air Blank 02:55

# 1 0.224Subject Sample 02:55

1.910Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.220Subject Sample 02:58

2.707Breath Volume 02:58

0.000Air Blank 02:59

0.074Control Test 02:59 Control Outside Tolerance

0.000Air Blank 03:00

Data Download Date/Time: 11/28/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:2811/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:03

Clewiston PD

BENITEZ,ERIC

12/01/2019

644476

Hendry County SO

HESTER,JAMES,R

VELASQUEZ

10/05/2017

8100.27

CLEWISTON P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:01

0.080Control Test 06:01

0.000Air Blank 06:02

# 1 0.223Subject Sample 06:03

1.812Breath Volume 06:03

0.000Air Blank 06:03

0.000Air Blank 06:05

# 2 0.214Subject Sample 06:05

1.746Breath Volume 06:05

0.000Air Blank 06:06

0.080Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 11/28/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3411/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:26

Clewiston PD

MCLAIN,KYLE

12/01/2019

644476

Hendry County SO

HESTER,JAMES,R

TORRES

10/05/2017

8100.27

CLEWISTON P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

# 1 0.175Subject Sample 01:08

1.968Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.169Subject Sample 01:11

1.394Breath Volume 01:11

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 11/28/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000955CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:2111/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

12:55

Clewiston PD

GUTSHALL,NICHOLAS

12/01/2019

644476

Clewiston PD

MCNEIL,DARRIN,J

WESTBERRY

10/05/2017

8100.27

CLEWISTON P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:20

0.000Air Blank 13:20

0.081Control Test 13:21

0.000Air Blank 13:21

# 1 0.000Subject Sample 13:22

2.003Breath Volume 13:22

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2Subject Sample 13:25 Subject Test Refused

0.000Breath Volume 13:25

0.000Air Blank 13:25

0.081Control Test 13:25

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 11/28/2017 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:2011/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:28

FHP Troop H

HARRELL,CASEY

01/05/2018

34015080A2

FHP Troop H

HARRELL,CASEY,B

MANN

10/09/2017

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.079Control Test 05:22

0.000Air Blank 05:23

# 1 0.010Subject Sample 05:24

3.785Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.008Subject Sample 05:26

2.363Breath Volume 05:26

0.000Air Blank 05:27

0.080Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 11/09/2017 08:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:07:2211/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

09:35

FHP Troop H

HENING,FREDRICK

01/05/2018

34015080A2

FHP Troop H

HENING,FREDRICK,C

SULLIVAN

11/09/2017

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:01

0.079Control Test 11:01

0.000Air Blank 11:02

# 1 0.000Subject Sample 11:03

2.855Breath Volume 11:03

0.000Air Blank 11:03

0.000Air Blank 11:05

# 2 0.000Subject Sample 11:06

3.039Breath Volume 11:06

0.000Air Blank 11:06

0.080Control Test 11:06

0.000Air Blank 11:07

OKDiagnostics Check 11:07

Data Download Date/Time: 12/29/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5411/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

02:56

FHP Troop H

KAUFFMAN,MITCHELL

01/05/2018

34015080A2

FHP Troop H

KAUFFMAN,MITCHELL,P

AZZARITO

11/09/2017

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.166Subject Sample 04:25

2.207Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.159Subject Sample 04:28

2.289Breath Volume 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 12/29/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0211/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:13

FHP Troop H

CREEL,JEREMY

01/05/2018

34015080A2

Wakulla County SO

KAUFFMAN,MITCHELL,P

NELSON

11/09/2017

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

# 1 0.171Subject Sample 04:57

1.687Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.170Subject Sample 05:00

1.464Breath Volume 05:00

0.000Air Blank 05:01

0.078Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:02

Data Download Date/Time: 12/29/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:5811/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:45

FHP Troop H

HEDGES,MATTHEW

01/05/2018

34015080A2

Wakulla County SO

TEMPLIN,RICHARD,P

AARON

11/09/2017

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:20

0.079Control Test 19:20

0.000Air Blank 19:21

# 1 0.204Subject Sample 19:21

1.773Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.189Subject Sample 19:27 Volume Not Met

0.371Breath Volume 19:27

0.000Air Blank 19:28

0.000Air Blank 19:30

# 3 0.196Subject Sample 19:30

1.105Breath Volume 19:30

0.000Air Blank 19:31

0.078Control Test 19:31

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 12/29/2017 11:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1211/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

02:56

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

DENSON,TRAVIS,W

SCIOVE

10/11/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.081Control Test 04:24

0.000Air Blank 04:24

# 1 0.167Subject Sample 04:25

1.480Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.161Subject Sample 04:28

2.335Breath Volume 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 11/02/2017 15:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:1711/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:54

Orange County SO

HAWKINS,DEBBIE

11/05/2018

26316080A1

FHP Troop D

HARDEN,WILLIAM,L

DIAZ JR

10/11/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.082Control Test 03:49

0.000Air Blank 03:50

# 1 0.172Subject Sample 03:50

2.605Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.171Subject Sample 03:53

3.464Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 11/09/2017 17:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2711/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:48

Orange County SO

BRENARD,KYLE

11/05/2018

26316080A1

Orange County SO

HARDEN,WILLIAM,L

GUTIERREZ

10/11/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.082Control Test 02:26

0.000Air Blank 02:26

# 1 0.167Subject Sample 02:27

1.972Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.166Subject Sample 02:29

1.828Breath Volume 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/09/2017 17:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1311/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:29

Orange County SO

AZEVEDO,FABIO

11/05/2018

26316080A1

FHP Troop D

HARDEN,WILLIAM,L

DAWSON

10/11/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.082Control Test 04:43

0.000Air Blank 04:44

# 1 0.173Subject Sample 04:45

2.335Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.169Subject Sample 04:48

1.761Breath Volume 04:48

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 11/09/2017 17:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:5511/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:00

Orange County SO

CLARK,ANDREW

11/05/2018

26316080A1

OTHER Local

HARDEN,WILLIAM,L

KHATIB

10/11/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.082Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 11/15/2017 11:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:2311/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:20

Orange County SO

POWELL,KRISTI

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

LOCKETT

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:25

0.081Control Test 19:25

0.000Air Blank 19:26

# 1Subject Sample 19:29 No Sample Provided

0.000Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.165Subject Sample 19:34 Volume Not Met

0.132Breath Volume 19:34

0.000Air Blank 19:35

0.080Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:5111/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:27

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

CHARFAOUI

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:43

0.000Air Blank 22:43

# 1 0.159Subject Sample 22:46 Volume Not Met

0.144Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2Subject Sample 22:52 No Sample Provided

0.000Breath Volume 22:52

0.000Air Blank 22:52

0.080Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5411/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:11

Orange County SO

OSBORNE,DOUGLAS

11/05/2018

26316080A1

Central FL Univ PD

ELBON,NICHOLAS,C

PALACIOS

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.082Control Test 02:47

0.000Air Blank 02:47

# 1 0.000Subject Sample 02:48

1.542Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.000Subject Sample 02:51

1.292Breath Volume 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:0111/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:03

Orange County SO

SANFILIPPO,RACHEL

11/05/2018

26316080A1

Winter Garden PD

ROSARIO SANTIAGO,ELDALY,J

HARTFORD

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:11

# 1 0.151Subject Sample 03:12

1.718Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.166Subject Sample 03:15

2.789Breath Volume 03:15

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:17

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4511/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:50

Orange County SO

VAUGHN,JACOB

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

MENDEZ

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

# 1 0.111Subject Sample 02:42

1.746Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.117Subject Sample 02:46

3.457Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:2111/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:39

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

MARTINEZ

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:39

0.000Air Blank 05:39

0.081Control Test 05:40

0.000Air Blank 05:40

# 1 0.135Subject Sample 05:41

1.250Breath Volume 05:41

0.000Air Blank 05:42

0.000Air Blank 05:44

# 2 0.133Subject Sample 05:45

1.132Breath Volume 05:45

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:4011/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:44

05:32

Orange County SO

VAUGHN,JACOB

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

ARREDONDO DAVID

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:11

0.000Air Blank 07:12

0.081Control Test 07:12

0.000Air Blank 07:12

# 1Subject Sample 07:13 Subject Test Refused

0.000Breath Volume 07:13

0.000Air Blank 07:13

0.081Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:4711/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:52

Orange County SO

MARTINEZ,ERNESTO

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,A

NUNEZ VALDERRAMA

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.175Subject Sample 03:50

1.531Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.185Subject Sample 03:53

2.222Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0611/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:22

Orange County SO

CRUZ,ALEANDER

11/05/2018

26316080A1

Maitland PD

ROSARIO SANTIAGO,ELDALY,J

STRUNKEY

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.082Control Test 02:24

0.000Air Blank 02:24

# 1 0.136Subject Sample 02:25

1.542Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.138Subject Sample 02:28

1.882Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0711/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:20

Orange County SO

GENES,ANDREW

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

FERRER

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.302Subject Sample 04:02

1.281Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.278Subject Sample 04:05

1.855Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 3 0.290Subject Sample 04:08

2.371Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:4811/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:36

Orange County SO

BENTIL,GERALD

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

MANGE

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.081Control Test 04:19

0.000Air Blank 04:19

# 1 0.179Subject Sample 04:20

2.222Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.179Subject Sample 04:23

2.312Breath Volume 04:23

0.000Air Blank 04:23

0.082Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:0811/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:52

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

DENSON,TRAVIS,W

CUACUAMOXTLA

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.082Control Test 03:05

0.000Air Blank 03:06

# 1 0.243Subject Sample 03:06

2.687Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.248Subject Sample 03:09

2.050Breath Volume 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:4811/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:15

Orange County SO

AUSTIN,ADAM

11/05/2018

26316080A1

Orlando PD

DENSON,TRAVIS,W

SANTAMARINA

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1 0.123Subject Sample 03:52

1.125Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:54

# 2 0.121Subject Sample 03:56

1.582Breath Volume 03:56

0.000Air Blank 03:56

0.081Control Test 03:57

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:2611/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:13

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

PUGH

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.082Control Test 04:50

0.000Air Blank 04:50

# 1 0.087Subject Sample 04:51

1.253Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.086Subject Sample 04:54

1.242Breath Volume 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:2211/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

04:53

Orange County SO

WINBURN,TAYLOR

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

JACOBS

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:54

0.000Air Blank 05:55

0.080Control Test 05:55

0.000Air Blank 05:56

# 1 0.125Subject Sample 05:56

2.750Breath Volume 05:56

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.128Subject Sample 05:59

2.824Breath Volume 05:59

0.000Air Blank 06:00

0.081Control Test 06:00

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3711/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:07

Orange County SO

LAFAN,ADAM

11/05/2018

26316080A1

Edgewood PD

ROSARIO SANTIAGO,ELDALY,J

PANELLI

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

# 1 0.164Subject Sample 05:07

1.746Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.162Subject Sample 05:10

2.882Breath Volume 05:10

0.000Air Blank 05:10

0.080Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3911/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:08

Orange County SO

GUEVARA,JOSHUA

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

CANADA

11/15/2017

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

# 1 0.197Subject Sample 23:15 Volume Not Met

0.230Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.227Subject Sample 23:21 Volume Not Met

0.503Breath Volume 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 11/30/2017 17:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:3811/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:45

Orange County SO

MARTINEZ,ERNESTO

11/05/2018

26316080A1

Orange County SO

DENSON,TRAVIS,W

BURDITT

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

0.000Air Blank 02:42

# 1 0.200Subject Sample 02:43

2.433Breath Volume 02:43

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.197Subject Sample 02:46

2.644Breath Volume 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/02/2017 15:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5911/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:35

Orange County SO

HARRIS,BRIAN

11/05/2018

26316080A1

Ocoee PD

DENSON,TRAVIS,W

ALBA AGUIRRE

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

# 1 0.211Subject Sample 23:24

2.410Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.215Subject Sample 23:27

2.378Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3011/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:13

Orange County SO

AZEVEDO,FABIO

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

CURRY

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:59

# 1 0.169Subject Sample 03:00

3.484Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.166Subject Sample 03:03

3.207Breath Volume 03:03

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:41

Orange County SO

ALLEN,MICHAEL

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

VASQUEZ

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.190Subject Sample 02:40

3.296Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:42

# 2 0.190Subject Sample 02:43

1.878Breath Volume 02:43

0.000Air Blank 02:43

0.078Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:3511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:18

Orange County SO

WEAVER,W

11/05/2018

26316080A1

Orlando PD

OKEEFE,ALEXIS,J

RAMIREZVARGAS

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:23

# 1 0.111Subject Sample 04:24

3.101Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.110Subject Sample 04:28

1.988Breath Volume 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:15:2211/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:47

06:13

Orange County SO

PEREZ,JUAN

11/05/2018

26316080A1

FHP Troop K

DENSON,TRAVIS,W

RIVERA

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:08

0.000Air Blank 07:08

0.079Control Test 07:09

0.000Air Blank 07:09

# 1 0.151Subject Sample 07:11

1.808Breath Volume 07:11

0.000Air Blank 07:11

0.000Air Blank 07:13

# 2 0.151Subject Sample 07:13

1.503Breath Volume 07:13

0.000Air Blank 07:14

0.078Control Test 07:14

0.000Air Blank 07:15

OKDiagnostics Check 07:15

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:3511/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:41

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

ELBON,NICHOLAS,C

NATAL GALARZA

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:29

# 1 0.161Subject Sample 00:30

1.816Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.184Subject Sample 00:33

2.140Breath Volume 00:33

0.000Air Blank 00:33

0.000Air Blank 00:35

# 3 0.179Subject Sample 00:36

2.753Breath Volume 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:4111/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:45

Orange County SO

AZEVEDO,FABIO

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

PEREZMARTELL

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.081Control Test 04:40

0.000Air Blank 04:40

# 1 0.114Subject Sample 04:43 Volume Not Met

0.562Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.121Subject Sample 04:47

1.910Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 3 0.119Subject Sample 04:50

2.632Breath Volume 04:50

0.000Air Blank 04:50

0.079Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2811/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:10

Orange County SO

CHARLEBOIS,MYLES

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

HEIL

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.079Control Test 22:10

0.000Air Blank 22:11

# 1Subject Sample 22:14 No Sample Provided

0.000Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2Subject Sample 22:20 No Sample Provided

0.000Breath Volume 22:20

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:0411/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:01

Orange County SO

ALFRED,BRANDON

11/05/2018

26316080A1

FHP Troop D

ELBON,NICHOLAS,C

MASSENGALE

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.079Control Test 23:06

0.000Air Blank 23:07

# 1 0.000Subject Sample 23:07

2.699Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.000Subject Sample 23:10

5.066Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:12

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3011/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:56

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

VACA

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.078Control Test 04:10

0.000Air Blank 04:10

# 1 0.195Subject Sample 04:11

3.679Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.169Subject Sample 04:13

1.257Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 3 0.190Subject Sample 04:17

2.773Breath Volume 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 11/09/2017 17:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1611/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:20

Orange County SO

GAYTAN,VICTOR

11/05/2018

26316080A1

Central FL Univ PD

OKEEFE,ALEXIS,J

DE SOUZA

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.078Subject Sample 04:29

2.160Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.070Subject Sample 04:32

1.300Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3111/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:44

Orange County SO

HAWKINS,DEB

11/05/2018

26316080A1

FHP Troop D

DAVIS,COURTNEY,L

LEMELIN

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1 0.106Subject Sample 04:42

2.152Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.108Subject Sample 04:45

3.339Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4011/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:38

Orange County SO

YORKANIS,JOHN

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

LINDSEY

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.079Control Test 21:31

0.000Air Blank 21:31

# 1 0.232Subject Sample 21:32

4.117Breath Volume 21:32

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.227Subject Sample 21:35

3.539Breath Volume 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:1711/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:39

Orange County SO

MONTGOMERY,JAMES

11/05/2018

26316080A1

Orange County SO

ELBON,NICHOLAS,C

ARTHUR

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:42 No Sample Provided

0.000Breath Volume 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:11:0111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

05:55

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

ELBON,NICHOLAS,C

KAZIM

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:58

0.000Air Blank 06:58

0.079Control Test 06:59

0.000Air Blank 06:59

# 1Subject Sample 07:02 No Sample Provided

0.000Breath Volume 07:02

0.000Air Blank 07:03

0.000Air Blank 07:05

# 2 0.322Subject Sample 07:06

2.996Breath Volume 07:06

0.000Air Blank 07:07

0.000Air Blank 07:08

# 3 0.309Subject Sample 07:09

2.273Breath Volume 07:09

0.000Air Blank 07:10

0.078Control Test 07:10

0.000Air Blank 07:10

OKDiagnostics Check 07:11

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4811/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:20

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

ELBON,NICHOLAS,C

VAZQUEZ PAZ

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

# 1 0.191Subject Sample 01:19

1.324Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.192Subject Sample 01:22

1.359Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:4011/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:35

Orange County SO

JOHNS,MARK

11/05/2018

26316080A1

Orlando PD

KOSH,TOBI,J

GOMEZ SANCHEZ

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

# 1 0.205Subject Sample 03:17

2.046Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.217Subject Sample 03:21

1.460Breath Volume 03:21

0.000Air Blank 03:21

0.078Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2711/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:58

Orange County SO

LAFAN,ADAM

11/05/2018

26316080A1

Edgewood PD

ELBON,NICHOLAS,C

FLORES TIRADO

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.163Subject Sample 04:09

1.289Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.158Subject Sample 04:12

1.300Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:4111/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:27

Orange County SO

KERN,ETHAN

11/05/2018

26316080A1

Orlando PD

KOSH,TOBI,J

ROBERT

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.213Subject Sample 02:23

2.312Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.208Subject Sample 02:27

2.042Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1611/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:45

Orange County SO

ROTARIUS,JOSHUA

11/05/2018

26316080A1

Maitland PD

KOSH,TOBI,J

MARTIN

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

# 1 0.165Subject Sample 02:47

1.761Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.169Subject Sample 02:50

1.808Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3511/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:13

Orange County SO

BRENARD,KYLE

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

TOOT

10/11/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.078Control Test 23:12

0.000Air Blank 23:13

# 1 0.191Subject Sample 23:14

3.625Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.192Subject Sample 23:17

2.960Breath Volume 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/15/2017 12:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:0111/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:49

Orange County SO

YORKANIS,JOHN

11/05/2018

26316080A1

Orange County SO

HARDEN,WILLIAM,L

HARON

11/15/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.080Control Test 05:27

0.000Air Blank 05:27

# 1 0.131Subject Sample 05:28

2.050Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.128Subject Sample 05:32

2.777Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:34

Data Download Date/Time: 11/30/2017 17:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4011/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:06

Orange County SO

HALLOCK,STEPHEN

11/05/2018

26316080A1

Orange County SO

HARDEN,WILLIAM,L

GOMEZ-MONTES DE OCA

11/15/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.079Control Test 03:58

0.000Air Blank 03:58

# 1 0.132Subject Sample 03:59

4.308Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.130Subject Sample 04:02

4.546Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 11/30/2017 17:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3511/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

02:46

Orange County SO

HARRISON,ROBBIE

11/05/2018

26316080A1

Windermere PD

ELBON,NICHOLAS,C

FELSHAW

11/15/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.120Subject Sample 04:23

3.062Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.122Subject Sample 04:26

2.742Breath Volume 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 11/30/2017 17:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:3811/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:22

Orange County SO

WEAVER,WILLIAM

11/05/2018

26316080A1

Orlando PD

THOMPSON,CALEB,N

BECK

11/15/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:18

0.000Air Blank 04:18

# 1Subject Sample 04:21 No Sample Provided

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2Subject Sample 04:27 No Sample Provided

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.079Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 11/30/2017 17:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0211/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:09

Orange County SO

AZEVEDO,FABIO

11/05/2018

26316080A1

FHP Troop D

HARDEN,WILLIAM,L

MCINNIS

11/15/2017

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:28 Subject Test Refused

0.000Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 11/30/2017 17:05

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:1011/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:54

FHP Troop H

ALLEN,JAMES

07/05/2018

14816080A3

FHP Troop H

ALLEN,JAMES,R

MCKINNON

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:46

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

# 1 0.224Subject Sample 19:48

3.355Breath Volume 19:48

0.000Air Blank 19:49

0.000Air Blank 19:50

# 2 0.211Subject Sample 19:51

2.593Breath Volume 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4311/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

12:26

FHP Troop H

ALLEN,JAMES

07/05/2018

14816080A3

FHP Troop H

ALLEN,JAMES,R

436541702470

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:22 No Sample Provided

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2Subject Sample 01:28 No Sample Provided

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:59:1011/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:32

07:50

FHP Troop H

BRIEN,JOSHUA

07/05/2018

14816080A3

FHP Troop H

BRIEN,JOSHUA,J

MEDRANO

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:52

0.000Air Blank 08:53

0.080Control Test 08:53

0.000Air Blank 08:54

# 1 0.134Subject Sample 08:54

2.769Breath Volume 08:54

0.000Air Blank 08:55

0.000Air Blank 08:57

# 2 0.132Subject Sample 08:57

3.015Breath Volume 08:57

0.000Air Blank 08:58

0.082Control Test 08:58

0.000Air Blank 08:59

OKDiagnostics Check 08:59

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:0011/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:38

FHP Troop H

ALLEN,JAMES

07/05/2018

14816080A3

FHP Troop H

ALLEN,JAMES,R

MELVIN

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.140Subject Sample 21:22

3.828Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 2 0.137Subject Sample 21:25

3.710Breath Volume 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:27

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:5911/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:20

Quincy PD

LEDESMA,LEOPOLDO

07/05/2018

14816080A3

Quincy PD

LEDESMA,LEOPOLDO,E

MONTIEL MADRIGAL

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:06

# 1 0.144Subject Sample 22:08

2.667Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.146Subject Sample 22:11

3.039Breath Volume 22:11

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4411/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:34

FHP Troop H

ALLEN,JAMES

07/05/2018

14816080A3

FHP Troop H

ALLEN,JAMES,R

JAKES

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.160Subject Sample 02:08

2.097Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.158Subject Sample 02:11

3.597Breath Volume 02:11

0.000Air Blank 02:11

0.081Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:5611/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:07

Quincy PD

COPELAND,MICHAEL

07/05/2018

14816080A3

Quincy PD

COPELAND,MICHAEL,C

MILLER

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.080Control Test 20:01

0.000Air Blank 20:01

# 1 0.257Subject Sample 20:02

1.746Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:04

# 2 0.246Subject Sample 20:05

2.140Breath Volume 20:05

0.000Air Blank 20:06

0.081Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:0611/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

05:19

FHP Troop H

ALLEN,JAMES

07/05/2018

14816080A3

FHP Troop H

ALLEN,JAMES,R

MONROE

10/04/2017

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:49

0.082Control Test 05:50

0.000Air Blank 05:50

# 1 0.118Subject Sample 05:51

3.843Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:53

# 2 0.112Subject Sample 05:54

2.773Breath Volume 05:54

0.000Air Blank 05:55

0.081Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 11/27/2017 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5111/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:17

Osceola County SO

AKINS,JUSTIN

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

ALACARDO-AMENTA

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.108Subject Sample 04:23

1.257Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.110Subject Sample 04:27

2.003Breath Volume 04:27

0.000Air Blank 04:27

0.079Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:0611/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:22

Osceola County SO

AKINS,JUSTIN

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

DOSSANTOS

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

# 1 0.235Subject Sample 04:24

2.550Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.253Subject Sample 04:27

2.667Breath Volume 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:0811/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:50

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

RIVERA-FONTANEZ

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

# 1 0.136Subject Sample 22:00

2.683Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:02

# 2 0.134Subject Sample 22:03

2.863Breath Volume 22:03

0.000Air Blank 22:04

0.080Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:5011/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:38

Osceola County SO

AKINS,J

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

TORIBIO-GARCIA

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.082Control Test 05:00

0.000Air Blank 05:01

# 1Subject Sample 05:03 Subject Test Refused

0.000Breath Volume 05:03

0.000Air Blank 05:03

0.080Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:4811/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:19

Kissimmee PD

NIEVES,CHARLIE

10/30/2018

163437

Kissimmee PD

SANTONE,LACEY,M

ANCHIQUE

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.081Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:04 No Sample Provided

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2Subject Sample 03:10 No Sample Provided

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.082Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:1811/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:32

06:45

Osceola County SO

MINERVINO,KRISTIN

10/30/2018

163437

Osceola County SO

BEEKMAN,JOSHUA,J

WHITE

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:52

0.000Air Blank 07:52

0.082Control Test 07:52

0.000Air Blank 07:53

# 1 0.169Subject Sample 07:53

1.707Breath Volume 07:53

0.000Air Blank 07:54

0.000Air Blank 07:56

# 2 0.154Subject Sample 07:56

2.183Breath Volume 07:56

0.000Air Blank 07:57

0.079Control Test 07:57

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 12/01/2017 20:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4511/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:51

Kissimmee PD

SOMARRIBA,S

10/30/2018

163437

Kissimmee PD

SANTONE,LACEY,M

MILLAN ORTEGA

10/18/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1 0.149Subject Sample 01:31 Volume Not Met

0.511Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:33

# 2 0.125Subject Sample 01:36 Volume Not Met

0.945Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/07/2017 18:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:2611/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:31

St. Cloud PD

MCCORMICK,BEN

10/30/2018

163437

St. Cloud PD

MONDELLO,ANTHONY,J

ROSSSETTER

10/18/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

# 1 0.010Subject Sample 04:41

1.269Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.012Subject Sample 04:44

1.289Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 11/07/2017 18:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:2511/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

19:07

FHP Troop D

SILVA,EMILIANO

10/30/2018

163437

FHP Troop D

SILVA,EMILIANO,R

KATAN

10/18/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:01

# 1 0.174Subject Sample 21:05 Volume Not Met

0.082Breath Volume 21:05

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.192Subject Sample 21:07

1.414Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 3 0.192Subject Sample 21:10

1.421Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 11/07/2017 18:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2611/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:22

Osceola County SO

LATCHMAN,AJYAI

10/30/2018

163437

Kissimmee PD

LYONS,DANIEL,E

MARTINEZ

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1 0.232Subject Sample 02:14

1.312Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.227Subject Sample 02:17

1.261Breath Volume 02:17

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/01/2017 20:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:0811/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:27

FHP Troop D

SILVA,EMILIANO

10/30/2018

163437

FHP Troop D

SILVA,EMILIANO,R

ESCOBAR PEREZ

11/07/2017

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

# 1Subject Sample 23:13 No Sample Provided

0.000Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2Subject Sample 23:18 No Sample Provided

0.000Breath Volume 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 12/01/2017 20:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000994CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:29:0611/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:20

Winter Park PD

HOFER,LUKE

09/05/2018

20016080A3

Winter Park PD

ANDERSON,JENNIFER,K

VICTORIANO SALINAS

11/08/2017

8100.27

WINTER PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:18

0.000Air Blank 15:19

0.079Control Test 15:19

0.000Air Blank 15:20

# 1 0.223Subject Sample 15:21

2.433Breath Volume 15:21

0.000Air Blank 15:22

0.000Air Blank 15:23

# 2 0.201Subject Sample 15:24

1.410Breath Volume 15:24

0.000Air Blank 15:24

0.000Air Blank 15:26

# 3 0.213Subject Sample 15:27

2.574Breath Volume 15:27

0.000Air Blank 15:28

0.078Control Test 15:28

0.000Air Blank 15:29

OKDiagnostics Check 15:29

Data Download Date/Time: 12/26/2017 17:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:2411/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

14:53

Titusville PD

LUCAS,DONALD

02/05/2018

01316080A2

Titusville PD

HOLDEN,ROBERT,A

NORQUIST

10/23/2017

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:41

0.000Air Blank 15:42

0.079Control Test 15:42

0.000Air Blank 15:43

# 1 0.149Subject Sample 15:43

2.164Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.150Subject Sample 15:46

2.109Breath Volume 15:46

0.000Air Blank 15:47

0.080Control Test 15:47

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 11/30/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:0211/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

14:45

13:57

Titusville PD

SANCHEZ,JASON

02/05/2018

01316080A2

Titusville PD

SANCHEZ,JASON,M

STOKES

10/23/2017

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:05

0.000Air Blank 15:06

0.079Control Test 15:06

0.000Air Blank 15:07

# 1 0.000Subject Sample 15:07

2.648Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:10

# 2 0.000Subject Sample 15:10

2.144Breath Volume 15:10

0.000Air Blank 15:11

0.079Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:12

Data Download Date/Time: 11/30/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0811/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:44

Titusville PD

CABRANES,JORGE

02/05/2018

01316080A2

Titusville PD

MCGRORY,DIARMUID,J

TRUPIA

10/23/2017

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.000Subject Sample 22:16

1.839Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.000Subject Sample 22:20

1.265Breath Volume 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 11/30/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:5811/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:50

Titusville PD

MCDOLE,GEOFFERY

02/05/2018

01316080A2

Titusville PD

MCDOLE,GEOFFERY,E

YOUNG

10/23/2017

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.080Control Test 22:24

0.000Air Blank 22:25

# 1 0.162Subject Sample 22:27

2.042Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.147Subject Sample 22:30

2.226Breath Volume 22:30

0.000Air Blank 22:31

0.074Control Test 22:31 Control Outside Tolerance

0.000Air Blank 22:31

Data Download Date/Time: 11/30/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000996CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:4711/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:50

Titusville PD

MCDOLE,GEOFFERY

02/05/2018

01316080A2

Titusville PD

MCDOLE,GEOFFERY,E

YOUNG

10/23/2017

8100.27

TITUSVILLE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:04

# 1 0.163Subject Sample 23:06

1.753Breath Volume 23:06

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.161Subject Sample 23:09

2.496Breath Volume 23:09

0.000Air Blank 23:09

0.080Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 11/30/2017 12:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


