
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5312/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:51

Palm Bay PD

ROLPH,AMANDA

11/05/2018

26316080A2

Palm Bay PD

ROLPH,AMANDA,L

ARNOLD

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:13

# 1 0.052Subject Sample 22:14

2.210Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:16

# 2 0.049Subject Sample 22:17

2.917Breath Volume 22:17

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5312/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:17

Palm Bay PD

TRAMMEL,MARK

11/05/2018

26316080A2

Palm Bay PD

ROLPH,AMANDA,L

BOMMER

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:07

0.081Control Test 22:08

0.000Air Blank 22:08

# 1 0.110Subject Sample 22:10

2.113Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.116Subject Sample 22:13

2.335Breath Volume 22:13

0.000Air Blank 22:13

0.079Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:4812/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:23

Palm Bay PD

NEMETH,BENJAMIN

11/05/2018

26316080A2

Brevard County SO

ROLPH,AMANDA,L

LONG

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

# 1 0.158Subject Sample 04:01

3.000Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.157Subject Sample 04:04

2.433Breath Volume 04:04

0.000Air Blank 04:04

0.080Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1412/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:25

Palm Bay PD

NEMETH,BENJAMIN

11/05/2018

26316080A2

Brevard County SO

ROLPH,AMANDA,L

AUGHINBAUGH

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:33

# 1 0.193Subject Sample 20:34

2.335Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.197Subject Sample 20:37

2.097Breath Volume 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:5212/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:55

Palm Bay PD

ROLPH,AMANDA

11/05/2018

26316080A2

Palm Bay PD

ROLPH,AMANDA,L

BENEVIDES

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:27

# 1 0.172Subject Sample 23:28

1.851Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.166Subject Sample 23:31

3.070Breath Volume 23:31

0.000Air Blank 23:31

0.081Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:22:1212/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

15:38

Palm Bay PD

MORGAN,D

11/05/2018

26316080A2

Palm Bay PD

MORGAN,D,

CARVALHO

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:15

0.000Air Blank 16:16

0.081Control Test 16:16

0.000Air Blank 16:17

# 1 0.155Subject Sample 16:17

2.390Breath Volume 16:17

0.000Air Blank 16:18

0.000Air Blank 16:20

# 2 0.145Subject Sample 16:20

1.644Breath Volume 16:20

0.000Air Blank 16:21

0.080Control Test 16:21

0.000Air Blank 16:22

OKDiagnostics Check 16:22

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3812/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

20:18

Palm Bay PD

ROLPH,AMANDA

11/05/2018

26316080A2

Palm Bay PD

ROLPH,AMANDA,L

KHURAMI

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.174Subject Sample 00:22

1.789Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.165Subject Sample 00:25

2.437Breath Volume 00:25

0.000Air Blank 00:25

0.080Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:38

Palm Bay PD

ROLPH,AMANDA

11/05/2018

26316080A2

Palm Bay PD

ROLPH,AMANDA,L

BUFFALOE

11/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.201Subject Sample 02:35

3.816Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.200Subject Sample 02:38

2.632Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/26/2017 17:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:4212/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:57

Lee County SO

FORNAL,DOMINIC

05/05/2018

09216080A2

FFWCC (Lakeland)

AVENDANO,JUAN,M

MARKOWSKI

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

# 1 0.133Subject Sample 04:14

3.613Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.135Subject Sample 04:18

2.730Breath Volume 04:18

0.000Air Blank 04:18

0.081Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5212/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:23

Lee County SO

DUNCAN,N

05/05/2018

09216080A2

Lee County SO

DUNCAN,N,

MAXWELL

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4812/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:51

Lee County SO

PETRULIS,A

05/05/2018

09216080A2

Lee County SO

DUNCAN,N,

WEGNER

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1 0.194Subject Sample 02:22

1.507Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.178Subject Sample 02:26

1.324Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:0312/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:13

Lee County SO

CALHOUN,KURT

05/05/2018

09216080A2

Lee County SO

AVENDANO,JUAN,M

STENBERG

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.082Control Test 01:27

0.000Air Blank 01:27

# 1 0.101Subject Sample 01:28

2.390Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.099Subject Sample 01:31

2.328Breath Volume 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:33

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:0112/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:34

Lee County SO

CALHOUN,KURT

05/05/2018

09216080A2

Lee County SO

AVENDANO,JUAN,M

PEREZMEZA

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

# 1 0.162Subject Sample 04:51

3.531Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.153Subject Sample 04:54

2.648Breath Volume 04:54

0.000Air Blank 04:55

0.081Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:56

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:4412/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:21

Lee County SO

WARD,JASON

05/05/2018

09216080A2

Lee County SO

VANPELT,JAMES,J

GUM

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.081Control Test 20:04

0.000Air Blank 20:05

# 1 0.189Subject Sample 20:06

1.988Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.185Subject Sample 20:09

2.304Breath Volume 20:09

0.000Air Blank 20:09

0.083Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 12/15/2017 10:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0212/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:29

Lee County SO

SCHILKE,CARL

05/05/2018

09216080A2

Lee County SO

SCHILKE,CARL,E

MATOS

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.082Control Test 23:22

0.000Air Blank 23:23

# 1 0.122Subject Sample 23:24

3.074Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.127Subject Sample 23:28

2.105Breath Volume 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 12/15/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2212/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:22

Sanibel PD

SHERWOOD,JOHN

05/05/2018

09216080A2

Sanibel PD

SHERWOOD,JOHN,M

GOMEZ COROY

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:25

0.000Air Blank 02:25

# 1 0.144Subject Sample 02:25

2.109Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.137Subject Sample 02:28

2.113Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 12/15/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3612/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:19

FHP Troop F

REED,MICHAEL

05/05/2018

09216080A2

FHP Troop F

REED,MICHAEL,K

FRANCISCO IGNACIO

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1 0.240Subject Sample 03:03

1.644Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.231Subject Sample 03:06

1.972Breath Volume 03:06

0.000Air Blank 03:07

0.069Control Test 03:07 Control Outside Tolerance

0.000Air Blank 03:08

Data Download Date/Time: 12/15/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0612/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:27

Lee County SO

NATAL,J

05/05/2018

09216080A2

Lee County SO

MEYERS,F,E

STARCHER

11/08/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

# 1 0.164Subject Sample 04:19

1.316Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.169Subject Sample 04:22

1.914Breath Volume 04:22

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 12/15/2017 10:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3812/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:57

Lee County SO

DUNCAN,N

12/05/2019

29017080A2

Lee County SO

DUNCAN,N,

WALLS

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

# 1 0.119Subject Sample 02:55

2.617Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.122Subject Sample 02:58

2.300Breath Volume 02:58

0.000Air Blank 02:58

0.081Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 01/10/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2712/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

01:43

Lee County SO

CAIVANO,STACY

12/05/2019

29017080A2

Lee County SO

AVENDANO,JUAN,M

PEREZ

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.082Control Test 03:31

0.000Air Blank 03:32

# 1 0.200Subject Sample 03:32

1.882Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.192Subject Sample 03:35

2.652Breath Volume 03:35

0.000Air Blank 03:36

0.081Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 01/10/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:0312/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:13

Lee County SO

MILLER,JOHN

12/05/2019

29017080A2

FFWCC (Lakeland)

AVENDANO,JUAN,M

SANTAMARIA

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.082Control Test 04:41

0.000Air Blank 04:41

# 1 0.063Subject Sample 04:42

4.535Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.060Subject Sample 04:45

2.992Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:47

Data Download Date/Time: 01/10/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4712/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:35

Lee Port Authority

SELLERS,PATRICK

12/05/2019

29017080A2

Lee Port Authority

CLARK,JOSHUA,P

IBURG

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:33

0.000Air Blank 02:33

# 1 0.024Subject Sample 02:34

2.097Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.024Subject Sample 02:37

1.851Breath Volume 02:37

0.000Air Blank 02:37

0.082Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/10/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:0112/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:25

Lee County SO

BAIR,J

12/05/2019

29017080A2

Lee County SO

MEYERS,F,E

MONTGOMERY

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.081Control Test 04:19

0.000Air Blank 04:19

# 1 0.187Subject Sample 04:20

3.343Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:22

# 2 0.191Subject Sample 04:23

3.320Breath Volume 04:23

0.000Air Blank 04:24

0.080Control Test 04:24

0.000Air Blank 04:24

OKDiagnostics Check 04:25

Data Download Date/Time: 01/10/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:5712/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:00

FHP Troop F

SLAFER,GAGE

12/05/2019

29017080A2

FHP Troop F

SLAFER,GAGE,R

RUSSELL

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.081Control Test 20:50

0.000Air Blank 20:51

# 1 0.177Subject Sample 20:51

2.019Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.174Subject Sample 20:57

2.636Breath Volume 20:57

0.000Air Blank 20:57

0.074Control Test 20:58 Control Outside Tolerance

0.000Air Blank 20:58

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:33:5112/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:45

13:21

Lee County SO

CHALA,J

12/05/2019

29017080A2

Lee County SO

WATSON,J,B

MCCOMB

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:31

0.000Air Blank 14:31

0.081Control Test 14:32

Air Blank 14:33 Purge Fail

Air Blank 14:33 Purge Fail

Data Download Date/Time: 01/10/2018 10:43

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5412/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

12:35

FHP Troop F

RIVERA,J

12/05/2019

29017080A2

FHP Troop F

RIVERA,J,A

GRIFFIN

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

# 1 0.112Subject Sample 01:39

1.402Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:41

# 2 0.108Subject Sample 01:42

1.734Breath Volume 01:42

0.000Air Blank 01:42

0.081Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3112/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:18

Lee County SO

NATAL,J

12/05/2019

29017080A2

Lee County SO

VANPELT,J,J

VEGA PAGAN

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.082Control Test 04:09

0.000Air Blank 04:09

# 1 0.026Subject Sample 04:10

1.609Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.025Subject Sample 04:13

1.789Breath Volume 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5012/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:10

Lee County SO

NATAL,J

12/05/2019

29017080A2

Lee County SO

VANPELT,J,

MEDINA

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.082Control Test 04:01

0.000Air Blank 04:01

# 1 0.123Subject Sample 04:02

2.613Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.119Subject Sample 04:05

3.367Breath Volume 04:05

0.000Air Blank 04:05

0.081Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1212/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:27

FHP Troop F

RIVERA,J

12/05/2019

29017080A2

FHP Troop F

RIVERA,J,A

CHAN-PUCH

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

# 1 0.186Subject Sample 04:28

2.476Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.192Subject Sample 04:31

2.695Breath Volume 04:31

0.000Air Blank 04:32

0.083Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:5512/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:41

14:30

Fort Myers PD

HARRIS,S

12/05/2019

29017080A2

Fort Myers PD

CAPUZZI,K,G

VARGAS

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:01

0.000Air Blank 15:02

0.081Control Test 15:02

0.000Air Blank 15:03

# 1 0.228Subject Sample 15:03

2.128Breath Volume 15:03

0.000Air Blank 15:04

0.000Air Blank 15:05

# 2 0.226Subject Sample 15:06

2.539Breath Volume 15:06

0.000Air Blank 15:06

0.080Control Test 15:07

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:1212/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:18

Lee County SO

MCBRIDE,T

12/05/2019

29017080A2

Lee County SO

DUNCAN,N,

BERNARDO

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

# 1 0.187Subject Sample 03:03

1.964Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:05

# 2 0.199Subject Sample 03:06

1.429Breath Volume 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1012/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

19:05

FHP Troop F

RIVERA,J

12/05/2019

29017080A2

FHP Troop F

RIVERA,J,A

VALADEZ

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

# 1 0.132Subject Sample 23:49

1.996Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.143Subject Sample 23:52

1.980Breath Volume 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0512/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:15

Lee County SO

SCHILKE,CARL

12/05/2019

29017080A2

Lee County SO

SCHILKE,CARL,E

BONILLA

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.081Control Test 02:51

0.000Air Blank 02:51

# 1 0.175Subject Sample 02:52

2.089Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.169Subject Sample 02:55

2.117Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:0712/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

05:39

FHP Troop F

FARRIS,MICHAEL

12/05/2019

29017080A2

FHP Troop F

FARRIS,MICHAEL,T

MATTRAS

12/15/2017

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:40

0.000Air Blank 06:40

0.082Control Test 06:41

0.000Air Blank 06:41

# 1 0.139Subject Sample 06:42

2.187Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:44

# 2 0.140Subject Sample 06:45

2.886Breath Volume 06:45

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 01/10/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:4112/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:40

Pinellas Park PD

KANAGY,ANDREW

05/05/2018

09216080A2

Pinellas Park PD

JACOBSEN,STEPHEN,M

MAU

11/03/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.106Subject Sample 04:23

2.214Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.113Subject Sample 04:26

2.390Breath Volume 04:26

0.000Air Blank 04:26

0.078Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 12/01/2017 09:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:1512/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:58

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

MICHELINI

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

# 1Subject Sample 00:32 Subject Test Refused

0.000Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:0812/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

23:01

Pinellas Park PD

PETROVICH,DALLAS

05/05/2018

09216080A2

Pinellas Park PD

COUCH,WILLIAM,K

BOWERS

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

# 1Subject Sample 23:26 No Sample Provided

0.000Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:30

0.079Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2612/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:05

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

HAYES

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:0512/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

21:00

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

NIEVES

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:30

2.441Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:33

2.070Breath Volume 21:33

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2312/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:03

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

FINAN

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.135Subject Sample 01:39

2.121Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.136Subject Sample 01:42

1.828Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:2212/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:54

Pinellas Park PD

JASIUKIEWICZ,MICHAEL

05/05/2018

09216080A2

Pinellas Park PD

JASIUKIEWICZ,MICHAEL,P

SCHOLL

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:2712/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:59

12:23

Pinellas Park PD

ROLLESTON,JACOB

05/05/2018

09216080A2

Pinellas Park PD

ROLLESTON,JACOB,M

SWOVELAND

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:19

0.000Air Blank 13:20

0.079Control Test 13:20

0.000Air Blank 13:20

# 1 0.098Subject Sample 13:21

1.390Breath Volume 13:21

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2 0.094Subject Sample 13:24

1.246Breath Volume 13:24

0.000Air Blank 13:25

0.078Control Test 13:25

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5612/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:14

Pinellas Park PD

JACOBSEN,STEPHEN

05/05/2018

09216080A2

Pinellas Park PD

JACOBSEN,STEPHEN,M

GILMORE

12/01/2017

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 01/05/2018 10:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:5912/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:22

Charlotte County SO

FARLEY,OFFICER

06/05/2018

12716080A6

Punta Gorda PD

PARKER,JEREMY,A

STAPLES

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.121Subject Sample 01:10

1.597Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.113Subject Sample 01:13

1.191Breath Volume 01:13

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:0812/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:32

Charlotte County SO

ESTRADA,DEPUTY

06/05/2018

12716080A6

Charlotte County SO

PARKER,JEREMY,A

LAPP

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.123Subject Sample 02:39

2.128Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.111Subject Sample 02:42

1.785Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:3512/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:01

Charlotte County SO

JONES,DEPUTY

06/05/2018

12716080A6

Charlotte County SO

PARKER,JEREMY,A

URBAN

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.080Control Test 21:05

0.000Air Blank 21:05

# 1 0.281Subject Sample 21:06

3.089Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.250Subject Sample 21:09

1.425Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 3 0.249Subject Sample 21:12

2.398Breath Volume 21:12

0.000Air Blank 21:12

0.080Control Test 21:13

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2812/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:45

Charlotte County SO

KLEIVER,JUSTIN

06/05/2018

12716080A6

Punta Gorda PD

CHAPMAN,VANESSA,N

ORTIZ

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

# 1 0.143Subject Sample 03:52

1.113Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.140Subject Sample 03:55

1.214Breath Volume 03:55

0.000Air Blank 03:56

0.081Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:1812/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:07

Charlotte County SO

LINDSEY,DEPUTY

06/05/2018

12716080A6

Charlotte County SO

PARKER,JEREMY,A

HOPKINS

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.241Subject Sample 01:56

1.437Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.235Subject Sample 01:59

1.835Breath Volume 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:5812/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:00

Charlotte County SO

FRASER,M

06/05/2018

12716080A6

Charlotte County SO

CAMPBELL,JOSEPH,

SMITH

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:27

0.000Air Blank 06:28

0.080Control Test 06:28

0.000Air Blank 06:28

# 1 0.034Subject Sample 06:30

1.613Breath Volume 06:30

0.000Air Blank 06:30

0.000Air Blank 06:32

# 2 0.032Subject Sample 06:33

1.988Breath Volume 06:33

0.000Air Blank 06:34

0.081Control Test 06:34

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:3612/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:58

Charlotte County SO

CIGNARALE,PAUL

06/05/2018

12716080A6

Charlotte County SO

GAMEZ-SHEPARD,CHAD,A

DEMINT

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:47

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:48

# 1 0.041Subject Sample 06:51 Volume Not Met

0.652Breath Volume 06:51

0.000Air Blank 06:52

0.000Air Blank 06:53

# 2 0.032Subject Sample 06:57 Volume Not Met

0.527Breath Volume 06:57

0.000Air Blank 06:57

0.079Control Test 06:58

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:1312/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:30

Charlotte County SO

HARTMANSTOREFER,C

06/05/2018

12716080A6

Charlotte County SO

MCCLAIN,CHRISTOPHER,M

NEAL

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

# 1 0.256Subject Sample 01:25

3.367Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.257Subject Sample 01:28

3.308Breath Volume 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0712/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:14

Charlotte County SO

POOLE,TIMOTHY

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

NAVA-BOLANOS

11/20/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:48

0.000Air Blank 03:48

# 1 0.077Subject Sample 03:49

1.753Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.073Subject Sample 03:52

1.925Breath Volume 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 12/11/2017 12:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:1112/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:49

Charlotte County SO

CHANDLER,M

06/05/2018

12716080A6

Charlotte County SO

FARIAS,MONICA,S

HEDRICK

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:57

0.000Air Blank 16:57

0.080Control Test 16:57

0.000Air Blank 16:58

# 1 0.000Subject Sample 16:58

2.441Breath Volume 16:58

0.000Air Blank 16:59

0.000Air Blank 17:01

# 2 0.000Subject Sample 17:01

2.062Breath Volume 17:01

0.000Air Blank 17:02

0.081Control Test 17:02

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:3312/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:10

Charlotte County SO

NELSON,RICHARD

06/05/2018

12716080A6

Charlotte County SO

PLATZ,KEVIN,L

REYNOLDS

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.081Control Test 22:58

0.000Air Blank 22:58

# 1 0.173Subject Sample 23:01 Volume Not Met

0.730Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.197Subject Sample 23:05

1.445Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:07

# 3 0.198Subject Sample 23:09

1.171Breath Volume 23:09

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4912/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:53

Charlotte County SO

FREITAS,DEPUTY

06/05/2018

12716080A6

Charlotte County SO

FISHER,SCOTT,R

BODEN

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.103Subject Sample 00:54

1.210Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.113Subject Sample 00:58

1.828Breath Volume 00:58

0.000Air Blank 00:58

0.081Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:3212/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:22

Charlotte County SO

TAYLOR,ROBERT

06/05/2018

12716080A6

Charlotte County SO

LEONARD,ALEYA,D

POLANCO

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

# 1 0.161Subject Sample 04:38

4.523Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.163Subject Sample 04:42

3.996Breath Volume 04:42

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2912/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:16

Charlotte County SO

FREITAS,ANTHONY

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

GONZALEZ RODRIGUEZ

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.198Subject Sample 03:13

1.179Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.205Subject Sample 03:16

1.558Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:1212/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:23

Charlotte County SO

SWARTZENTRUBER,BRANDON

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

REINHART

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:52

# 1 0.221Subject Sample 20:56

1.566Breath Volume 20:56

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.241Subject Sample 20:59

1.332Breath Volume 20:59

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4512/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:59

Charlotte County SO

GERHART,PETER

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

SACCOCCIO

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.109Subject Sample 23:25

1.683Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.104Subject Sample 23:29

1.468Breath Volume 23:29

0.000Air Blank 23:29

0.078Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1612/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

21:10

Charlotte County SO

WEDGEWOOD,MATT

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

WALTON

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:05

# 1 0.089Subject Sample 00:08

2.066Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.089Subject Sample 00:11

2.582Breath Volume 00:11

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2012/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:25

Charlotte County SO

LIBBY,JEROME

06/05/2018

12716080A6

Charlotte County SO

CHAPMAN,VANESSA,N

GRIFFITH

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.207Subject Sample 02:32

1.375Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.210Subject Sample 02:34

1.882Breath Volume 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1212/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

18:51

Charlotte County SO

SWARTZENTRUBER,B

06/05/2018

12716080A6

Charlotte County SO

EGAN,MELISSA,

ELAM

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.081Control Test 20:25

0.000Air Blank 20:26

# 1Subject Sample 20:29 No Sample Provided

0.000Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2Subject Sample 20:34 No Sample Provided

0.000Breath Volume 20:34

0.000Air Blank 20:35

0.080Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:4912/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:28

Charlotte County SO

FARLEY,JOSEPH

06/05/2018

12716080A6

Punta Gorda PD

LEONARD,ALEYA,D

TROTTA

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1 0.175Subject Sample 02:24

2.128Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.180Subject Sample 02:27

2.125Breath Volume 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5412/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:51

Charlotte County SO

WRASSE,DEPUTY

06/05/2018

12716080A6

Charlotte County SO

FISHER,SCOTT,R

HOOVER

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:55

0.000Air Blank 02:55

# 1 0.129Subject Sample 02:58 Volume Not Met

0.167Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.104Subject Sample 03:04 Volume Not Met

0.152Breath Volume 03:04

Air Blank 03:04 Improper Sample

0.000Air Blank 03:04

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3412/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

01:52

Charlotte County SO

MAGOON,CONNER

06/05/2018

12716080A6

Charlotte County SO

PLATZ,KEVIN,L

YOUNGBLOOD

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:37

# 1 0.086Subject Sample 03:38

3.386Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.089Subject Sample 03:42

3.628Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:48

Charlotte County SO

LUGO,TROOPER

06/05/2018

12716080A6

FHP Troop F

PARKER,JEREMY,A

HUTNICK

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.081Control Test 21:34

0.000Air Blank 21:34

# 1 0.102Subject Sample 21:35

1.531Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.094Subject Sample 21:38

1.511Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2012/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:31

Charlotte County SO

TAYLOR,ROBERT

06/05/2018

12716080A6

Charlotte County SO

PLATZ,KEVIN,L

VEGA RAMIREZ

12/11/2017

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

# 1 0.109Subject Sample 23:33

2.945Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.104Subject Sample 23:36

2.304Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 02/12/2018 08:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:3912/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

23:00

Clearwater PD

NUGENT,DAVID

07/05/2019

12317080A3

Clearwater PD

NUGENT,DAVID,A

GONZALEZ VAN GORDER

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.081Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:25 No Sample Provided

0.000Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2Subject Sample 23:31 No Sample Provided

0.000Breath Volume 23:31

0.000Air Blank 23:31

0.080Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:0812/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:53

Clearwater PD

MICHEO,FRANCISCO

07/05/2019

12317080A3

Clearwater PD

MICHEO,FRANCISCO,M

SERRA

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.081Control Test 20:16

0.000Air Blank 20:17

# 1 0.222Subject Sample 20:18

1.753Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.192Subject Sample 20:21

1.593Breath Volume 20:21

0.000Air Blank 20:22

0.000Air Blank 20:23

# 3 0.218Subject Sample 20:24

2.351Breath Volume 20:24

0.000Air Blank 20:25

0.079Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:0312/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:37

Clearwater PD

NEGERSMITH,DANIEL

07/05/2019

12317080A3

Clearwater PD

NEGERSMITH,DANIEL,M

PELL

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:29

# 1Subject Sample 23:33 No Sample Provided

0.000Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2Subject Sample 23:38 No Sample Provided

0.000Breath Volume 23:38

0.000Air Blank 23:39

0.082Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:40

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:0212/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:25

Clearwater PD

VENEZIA,STEVEN

07/05/2019

12317080A3

Clearwater PD

VENEZIA,STEVEN,L

HOOD

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.081Control Test 23:59

0.000Air Blank 23:59

# 1 0.126Subject Sample 00:01

2.722Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.127Subject Sample 00:04

3.312Breath Volume 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:06

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2412/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:00

Clearwater PD

HARING,BRANDON

07/05/2019

12317080A3

Clearwater PD

MILLER,THEODORE,J

PERALTA

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

# 1 0.165Subject Sample 04:45

2.625Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.165Subject Sample 04:48

2.726Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:4512/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:14

Clearwater PD

NEGERSMITH,DANIEL

07/05/2019

12317080A3

Clearwater PD

NEGERSMITH,DANIEL,M

RILLMAN

11/15/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.112Subject Sample 04:08

2.570Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.114Subject Sample 04:12

1.906Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/21/2017 19:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:4112/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:50

Clearwater PD

BOSCO,PAUL

07/05/2019

12317080A3

Clearwater PD

REED,CHAD,R

HERNANDEZ HUAPILLA

12/21/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

# 1 0.197Subject Sample 00:19

2.566Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.200Subject Sample 00:22

3.476Breath Volume 00:22

0.000Air Blank 00:22

0.079Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 01/02/2018 18:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0812/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

22:38

Jacksonville SO

GREEN,J

08/05/2019

17817080A3

Atlantic Beach PD

ROBERTS,CHUCK,E

LUCAS

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/29/2017 14:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:4812/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:30

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

KEARNEY

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.080Subject Sample 02:47

1.460Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.076Subject Sample 02:51

1.152Breath Volume 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 12/29/2017 14:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:10

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

DOUGLAS

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

# 1 0.099Subject Sample 03:47

1.105Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.101Subject Sample 03:50

1.433Breath Volume 03:50

0.000Air Blank 03:51

0.081Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 12/29/2017 14:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:2512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

03:00

Jacksonville SO

0300,ULYSSE

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

ROBINSON

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.080Control Test 06:15

0.000Air Blank 06:15

# 1 0.219Subject Sample 06:16

2.464Breath Volume 06:16

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.212Subject Sample 06:18

2.183Breath Volume 06:18

0.000Air Blank 06:19

0.081Control Test 06:19

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 12/29/2017 14:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1612/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:10

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

DANIELS

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

# 1 0.132Subject Sample 01:37

2.394Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.143Subject Sample 01:40

1.839Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:0812/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:18

Jacksonville SO

TORRES,W

08/05/2019

17817080A3

Neptune Beach PD

ROBERTS,CHUCK,E

POPA

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:2112/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

04:08

Jacksonville SO

DZAMKO,J

08/05/2019

17817080A3

Neptune Beach PD

ROBERTS,CHUCK,E

MEDINA

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:56

0.081Control Test 05:57

0.000Air Blank 05:57

# 1 0.148Subject Sample 05:58

1.359Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.145Subject Sample 06:00

1.820Breath Volume 06:00

0.000Air Blank 06:01

0.080Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:2712/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:18

Jacksonville SO

TORRES,W

08/05/2019

17817080A3

Neptune Beach PD

ROBERTS,CHUCK,E

ROWE

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:14

# 1Subject Sample 04:15 Subject Test Refused

0.000Breath Volume 04:15

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:1112/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:43

08:32

Jacksonville SO

CURRIER,D

08/05/2019

17817080A3

FHP Troop G

BOSTON,DONALD,D

RAKIREZ LOPEZ

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:03

0.000Air Blank 11:03

0.081Control Test 11:04

0.000Air Blank 11:04

# 1Subject Sample 11:04 Subject Test Refused

0.000Breath Volume 11:04

0.000Air Blank 11:05

0.081Control Test 11:05

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3712/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:34

Jacksonville SO

MILLER,C

08/05/2019

17817080A3

FHP Troop G

ROBERTS,CHUCK,E

PEREZ

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.081Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:01 Subject Test Refused

0.000Breath Volume 23:01

0.000Air Blank 23:01

0.082Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4312/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:28

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

EBADI

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:46

# 1 0.172Subject Sample 01:47

1.675Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.166Subject Sample 01:50

1.941Breath Volume 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5312/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

02:46

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

GOTT

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.082Control Test 04:03

0.000Air Blank 04:04

# 1Subject Sample 04:04 Subject Test Refused

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.081Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:5512/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

02:26

Jacksonville SO

JUNG,B

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

ADAMS

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.081Control Test 05:36

0.000Air Blank 05:37

# 1Subject Sample 05:37 Subject Test Refused

0.000Breath Volume 05:37

0.000Air Blank 05:37

0.081Control Test 05:38

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3212/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:17

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

COOK

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.082Control Test 00:47

0.000Air Blank 00:48

# 1 0.117Subject Sample 00:48

2.816Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.109Subject Sample 00:52

2.003Breath Volume 00:52

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:3312/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

23:50

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

GRIFFIN

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.081Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.082Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5512/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:41

Jacksonville SO

KEEN,C

08/05/2019

17817080A3

Jacksonville Beach

ROBERTS,CHUCK,E

HOBBS

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.082Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:1112/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

06:35

Jacksonville SO

GRINBERG,G

08/05/2019

17817080A3

Jacksonville SO

BOSTON,D,D

NEAR

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:03

0.000Air Blank 08:03

0.081Control Test 08:04

0.000Air Blank 08:04

# 1 0.125Subject Sample 08:05

2.687Breath Volume 08:05

0.000Air Blank 08:05

0.000Air Blank 08:07

# 2 0.125Subject Sample 08:08

3.433Breath Volume 08:08

0.000Air Blank 08:09

0.082Control Test 08:09

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:0612/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

20:57

Jacksonville SO

FILBERT,E

08/05/2019

17817080A3

Jacksonville Beach

ROBERTS,CHUCK,E

GILBERT

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.080Control Test 00:40

0.000Air Blank 00:40

# 1 0.000Subject Sample 00:40

2.023Breath Volume 00:40

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.000Subject Sample 00:43

2.550Breath Volume 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2112/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

23:30

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

ROBERTS,CHUCK,E

GRAY

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:2612/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:05

Jacksonville SO

FISETTE,J

08/05/2019

17817080A3

Jacksonville SO

BERRY,SHANON,E

MILLER

12/21/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:52

# 1 0.239Subject Sample 01:52

3.164Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.235Subject Sample 01:55

4.855Breath Volume 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 12/29/2017 14:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4712/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

23:30

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

BERRY,SHANON,E

GODINAZ

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.082Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.083Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 01/19/2018 14:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:4412/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:15

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

BERRY,SHANON,E

SIMMONS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:33

# 1Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.083Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 01/19/2018 14:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4512/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:30

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

BERRY,SHANON,E

JOHNSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.082Control Test 02:02

0.000Air Blank 02:03

# 1 0.063Subject Sample 02:04

2.058Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.064Subject Sample 02:07

2.445Breath Volume 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 01/19/2018 14:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:4612/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

03:25

Jacksonville SO

DOUGHFMAN,D

08/05/2019

17817080A3

Jacksonville SO

BERRY,SHANON,E

JACKSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1 0.000Subject Sample 04:49

2.492Breath Volume 04:49

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.000Subject Sample 04:52

3.792Breath Volume 04:52

0.000Air Blank 04:52

0.082Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 01/19/2018 14:40

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1912/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:34

Miami Beach PD

MAROTTA,DANIELLE

03/09/2018

1826916

Miami Beach PD

CONFESSORE,STEVE,

FRAGOSA

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.077Control Test 01:06

0.000Air Blank 01:07

# 1 0.201Subject Sample 01:07

2.312Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.192Subject Sample 01:10

2.097Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0012/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:38

Miami Beach PD

CALLAN,TONY

03/09/2018

1826916

Miami Beach PD

HUMPHRY,KERRY,R

BUCKLEY

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:33

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:4012/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:37

18:11

Miami Beach PD

DOMINGUEZ,ERIC

03/09/2018

1826916

Miami Beach PD

DOMINGUEZ,ERIC,

DAVILA

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:01

0.000Air Blank 19:02

# 1 0.213Subject Sample 19:02

1.246Breath Volume 19:02

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.192Subject Sample 19:07

1.265Breath Volume 19:07

0.000Air Blank 19:08

0.000Air Blank 19:10

# 3 0.202Subject Sample 19:11

1.449Breath Volume 19:11

0.000Air Blank 19:11

0.078Control Test 19:12

0.000Air Blank 19:12

OKDiagnostics Check 19:12

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:2912/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:31

Miami Beach PD

DELGADO,EDWARD

03/09/2018

1826916

Miami Beach PD

PEREZ,JOSE,D

MCSPEDON

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:28

0.000Air Blank 13:29

0.081Control Test 13:29

0.000Air Blank 13:30

# 1 0.131Subject Sample 13:31

1.101Breath Volume 13:31

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.131Subject Sample 13:33

1.597Breath Volume 13:33

0.000Air Blank 13:34

0.079Control Test 13:34

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:1512/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:55

Miami Beach PD

PAIGE,LEON

03/09/2018

1826916

Miami Beach PD

PAIGE,LEON,I

PORTER

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.079Control Test 00:27

0.000Air Blank 00:27

# 1 0.117Subject Sample 00:28

3.429Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.124Subject Sample 00:30

3.250Breath Volume 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:0512/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:33

Miami Beach PD

COSNER,STEVE

03/09/2018

1826916

Miami Beach PD

MONGE,GRETTEL,M

CASH

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3612/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:10

Miami Beach PD

FEQUEUIRE,ELIZABETH

03/09/2018

1826916

Miami Beach PD

CONFESSORE,STEVE,

ALGARIN

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 12/28/2017 14:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:4412/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:46

Miami Beach PD

PAIGE,LEON

03/09/2018

1826916

Miami Beach PD

PAIGE,LEON,I

VISO

11/22/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.079Control Test 06:14

0.000Air Blank 06:15

# 1 0.153Subject Sample 06:15

1.562Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.154Subject Sample 06:19

1.328Breath Volume 06:19

0.000Air Blank 06:19

0.079Control Test 06:20

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 12/28/2017 14:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:34

Miami Beach PD

PAIGE,LEON

03/09/2018

1826916

Miami Beach PD

PAIGE,LEON,I

SOTO PEREZ

12/28/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:05

# 1 0.213Subject Sample 01:07

1.289Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2Subject Sample 01:11 Subject Test Refused

0.406Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/31/2018 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:34

Miami Beach PD

PAIGE,LEON

03/09/2018

1826916

Miami Beach PD

PAIGE,LEON,I

SOTO PEREZ

12/28/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

# 1Subject Sample 01:19 Subject Test Refused

0.085Breath Volume 01:19

0.000Air Blank 01:20

0.079Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 01/31/2018 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002232CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:17:0812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:50

09:25

Miami Beach PD

CHATFIELD,LATASHA

03/09/2018

1826916

Miami Beach PD

DOMINGUEZ,FREDERICK,A

MARANTE

12/28/2017

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:14

0.000Air Blank 10:14

0.080Control Test 10:15

0.000Air Blank 10:15

# 1Subject Sample 10:15 Subject Test Refused

0.000Breath Volume 10:15

0.000Air Blank 10:16

0.079Control Test 10:16

0.000Air Blank 10:17

OKDiagnostics Check 10:17

Data Download Date/Time: 01/31/2018 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002462CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:4612/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:00

Hialeah PD

HERNANDEZ,LEYRIEN

02/21/2020

712031

Hialeah PD

CONSALVO,ESTEBAN,A

ESQUENAZI RODRIGUEZ

12/13/2017

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.079Control Test 05:08

0.000Air Blank 05:08

# 1Subject Sample 05:09 RFI Detect

0.000Breath Volume 05:09

0.000Air Blank 05:09

0.078Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 01/24/2018 12:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-002462CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3812/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:00

Hialeah PD

HERNANDEZ,LEYRIEN

02/21/2020

712031

Hialeah PD

CONSALVO,ESTEBAN,A

ESQUENAZI RODRIGUEZ

12/13/2017

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:14

# 1Subject Sample 05:17 No Sample Provided

0.000Breath Volume 05:17

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.169Subject Sample 05:20

1.566Breath Volume 05:20

0.000Air Blank 05:21

0.000Air Blank 05:23

# 3 0.166Subject Sample 05:25

1.906Breath Volume 05:25

0.000Air Blank 05:25

0.079Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/24/2018 12:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:32:5012/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:06

08:46

FHP Troop E

QUINTANA,FRANK

06/22/2018

1878845

FHP Troop E

QUINTANA,FRANK,

GALLAWAY

11/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:26

0.000Air Blank 10:27

0.078Control Test 10:27

0.000Air Blank 10:27

# 1 0.154Subject Sample 10:28

2.257Breath Volume 10:28

0.000Air Blank 10:28

0.000Air Blank 10:30

# 2 0.160Subject Sample 10:31

2.593Breath Volume 10:31

0.000Air Blank 10:31

0.078Control Test 10:32

0.000Air Blank 10:32

OKDiagnostics Check 10:32

Data Download Date/Time: 12/29/2017 10:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0912/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:54

Hillsborough Co SO

BAILEY,D

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

CROSBY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.156Subject Sample 02:37

3.902Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.157Subject Sample 02:40

3.031Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2912/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

20:55

Hillsborough Co SO

VAN TREESE,S

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

DICKEY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1 0.126Subject Sample 22:14

1.175Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.128Subject Sample 22:17

1.453Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0912/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:15

Hillsborough Co SO

DUNCAN,M

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

CORDERO CASTRO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.185Subject Sample 01:23

2.707Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.181Subject Sample 01:26

2.808Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0912/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:27

Hillsborough Co SO

PECYLAK,M

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

ROUNDS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.051Subject Sample 01:15

2.523Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.050Subject Sample 01:18

2.164Breath Volume 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3512/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:56

Hillsborough Co SO

PAULINO,M

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

LOPEZ-INTZIN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:05

# 1 0.177Subject Sample 02:09 Volume Not Met

0.214Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.211Subject Sample 02:11

1.203Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 3 0.228Subject Sample 02:14

1.437Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:1812/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:08

Hillsborough Co SO

BAILEY,D

03/05/2019

03417080A1

Tampa PD

MCMINN,KATHY,

NAVARRO VARCARCEL

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.079Control Test 04:46

0.000Air Blank 04:46

# 1 0.271Subject Sample 04:47

2.785Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.263Subject Sample 04:50

2.757Breath Volume 04:50

0.000Air Blank 04:51

0.078Control Test 04:51

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:1012/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:55

Hillsborough Co SO

NIEUWENDAM,R

03/05/2019

03417080A1

Tampa PD

DAIL,JULIE,A

GARCIA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:31

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:32

0.079Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:0412/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:50

Hillsborough Co SO

GONZALEZ,J

03/05/2019

03417080A1

Tampa PD

DAIL,JULIE,A

WILLIAMS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1Subject Sample 04:46 Subject Test Refused

0.000Breath Volume 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:48

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0312/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:58

Hillsborough Co SO

HONEYGHON,A

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

GARAY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

# 1 0.170Subject Sample 01:41 Volume Not Met

0.597Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.196Subject Sample 01:44

1.117Breath Volume 01:44

0.000Air Blank 01:44

0.000Air Blank 01:46

# 3 0.205Subject Sample 01:48

1.410Breath Volume 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:0212/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

02:46

Hillsborough Co SO

BARLAUG,G

03/05/2019

03417080A1

Tampa PD

MCMINN,KATHY,

COLLINS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:31

# 1 0.153Subject Sample 04:31

1.539Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.150Subject Sample 04:34

1.183Breath Volume 04:34

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:36

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1512/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:00

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

WILLIAMS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.000Subject Sample 00:57

1.988Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.000Subject Sample 00:59

2.089Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:3512/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:42

Hillsborough Co SO

LYON,M

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

SHEETS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.201Subject Sample 23:33

1.632Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.195Subject Sample 23:36

1.335Breath Volume 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:5912/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:23

Hillsborough Co SO

MEYER,S

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

VIOLA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.182Subject Sample 05:12

1.734Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.208Subject Sample 05:16

2.476Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:18

# 3 0.193Subject Sample 05:19

2.035Breath Volume 05:19

0.000Air Blank 05:20

0.079Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:3812/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:53

Hillsborough Co SO

BURKE,B

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

MONTANEZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:48

# 1 0.108Subject Sample 00:48

1.570Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.113Subject Sample 00:52

1.671Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3112/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:41

Hillsborough Co SO

VAN-TREESE,S

03/05/2019

03417080A1

Tampa PD

HOLLAND,CHARLEENE,N

CARTER

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

# 1 0.178Subject Sample 01:42

2.781Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.177Subject Sample 01:44

2.738Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:0112/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:53

Hillsborough Co SO

PECYLAK,M

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

LOPEZ-JIMENEZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.222Subject Sample 23:48

1.660Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.236Subject Sample 23:52

3.847Breath Volume 23:52

0.000Air Blank 23:53

0.079Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:54

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:4212/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:28

Hillsborough Co SO

GONZALEZ,J

03/05/2019

03417080A1

Tampa PD

MCMINN,KATHY,

GOLDMAN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.080Control Test 23:17

0.000Air Blank 23:17

# 1 0.202Subject Sample 23:17

1.683Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.204Subject Sample 23:21

2.617Breath Volume 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:2512/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:02

Hillsborough Co SO

WASHINGTON,D

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

MORRIS

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

# 1 0.114Subject Sample 00:13

2.667Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.110Subject Sample 00:16

2.871Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1612/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:35

Hillsborough Co SO

PAULINO,M

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

BYRD

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.185Subject Sample 02:41

1.402Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.162Subject Sample 02:47 Volume Not Met

1.039Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:49

# 3Subject Sample 02:51 Subject Test Refused

0.285Breath Volume 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:2212/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:33

Hillsborough Co SO

SIMPKINS,D

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

BEATO SALCEDO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.078Control Test 04:24

0.000Air Blank 04:24

# 1 0.153Subject Sample 04:28 Volume Not Met

0.601Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.157Subject Sample 04:32

1.746Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 3 0.153Subject Sample 04:36

1.464Breath Volume 04:36

0.000Air Blank 04:37

0.077Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:1412/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:34

Hillsborough Co SO

HALL,K

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

HOLSTNER

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1Subject Sample 01:23 No Sample Provided

0.000Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1812/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:21

Hillsborough Co SO

COSTA,A

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

MC GOVERN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:19

# 1 0.201Subject Sample 00:19

2.660Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.191Subject Sample 00:22

1.714Breath Volume 00:22

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5112/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:23

Hillsborough Co SO

BRIGHTWELL,R

03/05/2019

03417080A1

U of So FL Campus PD

MCMINN,KATHY,

BOND

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1 0.000Subject Sample 01:15

2.292Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.000Subject Sample 01:18

2.597Breath Volume 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2312/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:15

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

REGIN III

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

# 1 0.000Subject Sample 21:16 Volume Not Met

0.343Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.000Subject Sample 21:22 Volume Not Met

0.304Breath Volume 21:22

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 12/19/2017 19:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0012/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:02

Hillsborough Co SO

SIMPKINS,D230514

03/05/2019

03417080A1

Hillsborough Co SO

SKIPPER,ROGER,G

GONZALES-PINEIRO

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.195Subject Sample 00:44

3.402Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.197Subject Sample 00:47

3.792Breath Volume 00:47

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:49

Data Download Date/Time: 01/03/2018 17:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5612/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:28

Hillsborough Co SO

ORNDORFF,W 254197

03/05/2019

03417080A1

Hillsborough Co SO

SKIPPER,ROGER,G

GARRETT

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:01

# 1 0.081Subject Sample 01:03

1.269Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.087Subject Sample 01:06

1.828Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 01/03/2018 17:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:0112/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:41

Hillsborough Co SO

FRANKLIN,R

06/05/2019

11117080A3

Hillsborough Co SO

GRANNIS,RONALD,R

FALK

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:39

0.000Air Blank 02:39

# 1 0.155Subject Sample 02:41

1.925Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.161Subject Sample 02:46

1.410Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:48

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5712/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:49

Hillsborough Co SO

BARLAUG,G

06/05/2019

11117080A3

Tampa PD

TORRES,JENIFER,

ACKERMAN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

# 1 0.135Subject Sample 01:34

3.148Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.119Subject Sample 01:37

1.488Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5012/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:56

Hillsborough Co SO

COSTA,A

06/05/2019

11117080A3

Hillsborough Co SO

DAIL,JULIE,A

STEPHEN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:48 No Sample Provided

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2Subject Sample 02:51 Subject Test Refused

0.000Breath Volume 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2112/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:45

Hillsborough Co SO

CRAGG,S

06/05/2019

11117080A3

Tampa PD

DAIL,JULIE,A

KUTZ

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1 0.207Subject Sample 03:25

2.574Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.206Subject Sample 03:28

2.960Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1712/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:13

Hillsborough Co SO

BARFIELD-CRAIG,C

06/05/2019

11117080A3

Hillsborough Co SO

MCMINN,KATHY,

WHITMAN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1 0.247Subject Sample 04:11

3.082Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.245Subject Sample 04:14

3.070Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1612/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:31

Hillsborough Co SO

BRENNAN,D

06/05/2019

11117080A3

Hillsborough Co SO

TORRES,JENIFER,

MANDELL

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.205Subject Sample 00:07

1.964Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.198Subject Sample 00:10

2.718Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0012/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:45

Hillsborough Co SO

GONZALEZ,J

06/05/2019

11117080A3

Tampa PD

ARUNDALE,BRITTANY,T

LIN

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

# 1 0.135Subject Sample 03:30

2.585Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:32

# 2 0.131Subject Sample 03:33

1.808Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:35

Data Download Date/Time: 12/19/2017 19:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2412/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:54

Hillsborough Co SO

BAILEY,D

06/05/2019

11117080A3

Tampa PD

HOLLAND,CHARLEENE,N

SMITH

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:56

# 1 0.107Subject Sample 01:57

1.562Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.106Subject Sample 02:00

1.679Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:4912/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

01:59

Hillsborough Co SO

BOOKER,M

06/05/2019

11117080A3

U of So FL Campus PD

TORRES,JENIFER,

TENNEY

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

# 1 0.107Subject Sample 03:06

2.085Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.108Subject Sample 03:09

1.199Breath Volume 03:09

0.000Air Blank 03:09

0.079Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:2312/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:44

Hillsborough Co SO

BARLAUG,G

06/05/2019

11117080A3

Tampa PD

HOLLAND,CHARLEENE,N

COLON OLIVIERI

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:29

# 1 0.188Subject Sample 05:30

1.609Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.176Subject Sample 05:33

1.492Breath Volume 05:33

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5812/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:21

Hillsborough Co SO

HERNANDEZ,A

06/05/2019

11117080A3

FHP Troop C

DAIL,JULIE,A

GARCIA-CASTILLO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:3712/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:00

Hillsborough Co SO

DUNCAN,M

06/05/2019

11117080A3

Hillsborough Co SO

MCMINN,KATHY,

CASTRO-ACEVEDO

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

# 1 0.260Subject Sample 02:45

1.226Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.274Subject Sample 02:49

1.699Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:3112/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:32

Hillsborough Co SO

PAULINO,M

06/05/2019

11117080A3

Hillsborough Co SO

DAIL,JULIE,A

KRUGER

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.080Control Test 20:27

0.000Air Blank 20:27

# 1 0.218Subject Sample 20:28

2.601Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.221Subject Sample 20:30

2.664Breath Volume 20:30

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:5612/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:43

Hillsborough Co SO

BARLAUG,G

06/05/2019

11117080A3

Tampa PD

MCMINN,KATHY,

DUNLOP

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.081Control Test 03:37

0.000Air Blank 03:37

# 1 0.176Subject Sample 03:38

1.472Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.202Subject Sample 03:41

1.175Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 3 0.188Subject Sample 03:44

1.902Breath Volume 03:44

0.000Air Blank 03:45

0.081Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1812/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:46

Hillsborough Co SO

VAN-TREESE,S

06/05/2019

11117080A3

Tampa PD

ARUNDALE,BRITTANY,T

MARROQUIN-GARCIA

11/21/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:35

# 1 0.250Subject Sample 23:37

2.242Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.250Subject Sample 23:40

1.156Breath Volume 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 12/19/2017 19:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0412/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

09:21

FHP Troop E

MAXIMILIEN,RONALD

10/30/2018

163437

FHP Troop E

MAXIMILIEN,RONALD,

BONILLA

11/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

# 1 0.117Subject Sample 22:44

1.558Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.122Subject Sample 22:47

1.515Breath Volume 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:49

Data Download Date/Time: 12/29/2017 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:25:2212/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

06:20

FHP Troop E

GRIEGO,CHARLENE

10/30/2018

163437

FHP Troop E

GRIEGO,CHARLENE,R

ABENSUR VARGAS

11/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:17

0.082Control Test 08:17

0.000Air Blank 08:17

# 1 0.184Subject Sample 08:19

1.988Breath Volume 08:19

0.000Air Blank 08:20

0.000Air Blank 08:22

# 2 0.164Subject Sample 08:23

2.000Breath Volume 08:23

0.000Air Blank 08:24

0.079Control Test 08:24

0.000Air Blank 08:25

OKDiagnostics Check 08:25

Data Download Date/Time: 12/29/2017 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:1912/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:44

FHP Troop E

KEMP,TREVOR

10/30/2018

163437

FHP Troop E

KEMP,TREVOR,D

PEREIRA MENESES

11/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:34

0.081Control Test 19:35

0.000Air Blank 19:35

# 1Subject Sample 19:35 Subject Test Refused

0.000Breath Volume 19:35

0.000Air Blank 19:36

0.080Control Test 19:36

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 12/29/2017 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4112/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:43

FHP Troop E

VIVEIROS,KYLE

10/30/2018

163437

FHP Troop E

VIVEIROS,KYLE,M

CEPERO

11/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 12/29/2017 10:34

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:5412/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:28

FHP Troop A

DINH,TAM

04/19/2019

390314

FHP Troop A

SCOTT,NICKOLAS,J

SCOTT

11/24/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 08:26

0.000Air Blank 08:27

0.081Control Test 08:27

0.000Air Blank 08:28

# 1Subject Sample 08:28 Subject Test Refused

0.000Breath Volume 08:28

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:29

OKDiagnostics Check 08:29

Data Download Date/Time: 12/08/2017 13:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:1612/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:28

FHP Troop A

DINH,TAM

04/19/2019

390314

FHP Troop A

DINH,TAM,T

SCOTT

11/24/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:34

0.000Air Blank 08:34

0.080Control Test 08:34

0.000Air Blank 08:35

# 1 0.160Subject Sample 08:35

5.511Breath Volume 08:35

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2 0.149Subject Sample 08:38

3.289Breath Volume 08:38

0.000Air Blank 08:39

0.081Control Test 08:39

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 12/08/2017 13:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5912/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:37

FHP Troop A

DURHAM,JAMES

04/19/2019

390314

FHP Troop A

DURHAM,JAMES,S

RAMOS

11/24/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.082Control Test 04:14

0.000Air Blank 04:15

# 1 0.109Subject Sample 04:16

3.019Breath Volume 04:16

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.114Subject Sample 04:19

2.199Breath Volume 04:19

0.000Air Blank 04:20

0.082Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 12/08/2017 13:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003413CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:5212/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

19:22

FHP Troop A

DINH,TAM

04/19/2019

390314

FHP Troop A

DINH,TAM,T

HENRY

11/24/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.082Control Test 19:53

0.000Air Blank 19:53

# 1 0.201Subject Sample 19:54

3.894Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:56

# 2 0.204Subject Sample 19:57

4.335Breath Volume 19:57

0.000Air Blank 19:57

0.082Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 12/08/2017 13:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:4312/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

04:31

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

MARTIN

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:48

# 1Subject Sample 04:52 No Sample Provided

0.000Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2Subject Sample 04:55 Sequence Aborted

0.000Breath Volume 04:55

0.000Air Blank 04:55

Data Download Date/Time: 01/08/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:1812/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:31

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

MARTIN

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

# 1 0.205Subject Sample 05:14

2.335Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.194Subject Sample 05:17

2.074Breath Volume 05:17

0.000Air Blank 05:18

0.077Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 01/08/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3912/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

04:19

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

BENNETT

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.123Subject Sample 04:35

1.964Breath Volume 04:35

0.000Air Blank 04:35

Air Blank 04:37 RFI Detect

0.000Air Blank 04:37

0.080Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 01/08/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:5312/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

04:19

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

BENNETT

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1 0.120Subject Sample 04:41

2.136Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:43

# 2 0.119Subject Sample 04:44

1.945Breath Volume 04:44

0.000Air Blank 04:44

0.078Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 01/08/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3912/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

ROMELUS

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

Air Blank 03:33 RFI Detect

Air Blank 03:33 RFI Detect

Data Download Date/Time: 01/08/2018 19:30

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5712/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

ROMELUS

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

Air Blank 03:35 RFI Detect

Air Blank 03:35 RFI Detect

Data Download Date/Time: 01/08/2018 19:30

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4212/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

ROMELUS

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

Air Blank 03:40 RFI Detect

0.000Air Blank 03:40

Data Download Date/Time: 01/08/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5312/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:25

Osceola County SO

CAMPOS,MICHAEL

10/30/2018

163437

Osceola County SO

CAMPOS,MICHAEL,A

ROMELUS

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

Air Blank 03:50 RFI Detect

Air Blank 03:50 RFI Detect

Data Download Date/Time: 01/08/2018 19:30

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5112/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:48

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

KASPRZAK

12/27/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1 0.181Subject Sample 02:42

1.902Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.176Subject Sample 02:45

1.636Breath Volume 02:45

0.000Air Blank 02:45

0.079Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/23/2018 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0312/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:02

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

OLIVER

12/27/2017

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:00 Subject Test Refused

0.000Breath Volume 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:02

Data Download Date/Time: 01/23/2018 09:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2912/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

04:10

Osceola County SO

BEEKMAN,JACOB

10/30/2018

163437

Osceola County SO

BEEKMAN,JACOB,C

COHEN

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:19

# 1Subject Sample 04:20 Slope Not Met

3.289Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/08/2018 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5412/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

04:10

Osceola County SO

BEEKMAN,JACOB

10/30/2018

163437

Osceola County SO

BEEKMAN,JACOB,C

COHEN

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.078Control Test 04:25

0.000Air Blank 04:26

# 1 0.206Subject Sample 04:27

2.988Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.205Subject Sample 04:30

2.656Breath Volume 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 01/08/2018 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0412/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:30

Osceola County SO

BEEKMAN,JACOB

10/30/2018

163437

Osceola County SO

BEEKMAN,JACOB,C

MARSHALL

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:36

0.000Air Blank 02:37

# 1 0.169Subject Sample 02:38

3.500Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.171Subject Sample 02:41

3.199Breath Volume 02:41

0.000Air Blank 02:41

0.079Control Test 02:42

Air Blank 02:42 Ambient Fail

0.000Air Blank 02:43

Data Download Date/Time: 01/08/2018 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:2312/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:30

Osceola County SO

BEEKMAN,JACOB

10/30/2018

163437

Osceola County SO

BEEKMAN,JACOB,C

MARSHALL

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.165Subject Sample 03:06

3.210Breath Volume 03:06

Air Blank 03:06 Ambient Fail

0.000Air Blank 03:07

Data Download Date/Time: 01/08/2018 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3512/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

22:09

Osceola County SO

BEEKMAN,JACOB

10/30/2018

163437

Osceola County SO

BEEKMAN,JACOB,C

GUETHERMAN

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.078Control Test 22:16

0.000Air Blank 22:16

# 1 0.111Subject Sample 22:17

2.515Breath Volume 22:17

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.107Subject Sample 22:20

1.687Breath Volume 22:20

0.000Air Blank 22:20

0.077Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 01/08/2018 19:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:0712/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:06

05:50

Crestview PD

NEWCOMB,WILLIAM

01/05/2018

34015080A2

Crestview PD

NEWCOMB,WILLIAM,C

WILLIAMS

12/12/2017

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:27

0.000Air Blank 06:27

0.079Control Test 06:27

0.000Air Blank 06:28

# 1Subject Sample 06:30 Subject Test Refused

0.000Breath Volume 06:30

0.000Air Blank 06:31

0.078Control Test 06:31

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 01/29/2018 10:14

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:4612/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:34

Crestview PD

NEWCOMB,WILLIAM

01/05/2018

34015080A2

Crestview PD

NEWCOMB,WILLIAM,C

ROWE JR

12/12/2017

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:07

0.078Control Test 05:07

0.000Air Blank 05:07

# 1Subject Sample 05:08 Subject Test Refused

0.000Breath Volume 05:08

Air Blank 05:08 RFI Detect

0.000Air Blank 05:08

Data Download Date/Time: 01/29/2018 10:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:5712/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:14

18:20

Crestview PD

HOWE,DON

01/05/2018

34015080A2

Crestview PD

BUTLER,WILLIE,J

HUMPHRIES

12/12/2017

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:35

# 1 0.028Subject Sample 19:36

1.605Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:38

# 2 0.027Subject Sample 19:39

2.308Breath Volume 19:39

0.000Air Blank 19:40

0.079Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 01/29/2018 10:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0712/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:20

Crestview PD

HOWE,DON

01/05/2018

34015080A2

Crestview PD

BUTLER,WILLIE,J

HUMPHRIES

12/12/2017

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.077Control Test 20:11

0.000Air Blank 20:11

# 1 0.021Subject Sample 20:12

3.101Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.019Subject Sample 20:15

1.906Breath Volume 20:15

0.000Air Blank 20:16

0.078Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 01/29/2018 10:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2112/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:41

Sarasota County SO

FOWLER,TYLER

05/05/2018

09216080A2

Sarasota County SO

FOWLER,TYLER,J

ZIEMBA

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.078Control Test 01:03

0.000Air Blank 01:03

# 1 0.262Subject Sample 01:04

1.929Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.232Subject Sample 01:07

1.152Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.269Subject Sample 01:10

2.726Breath Volume 01:10

0.000Air Blank 01:11

0.077Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/29/2017 09:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:4712/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:59

Sarasota County SO

FOWLER,TYLER

05/05/2018

09216080A2

Sarasota County SO

FOWLER,TYLER,J

RICE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:20

0.079Control Test 19:21

0.000Air Blank 19:21

# 1 0.165Subject Sample 19:22

2.027Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:24

# 2 0.178Subject Sample 19:25

1.617Breath Volume 19:25

0.000Air Blank 19:25

0.078Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 01/31/2018 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:3212/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:24

Sarasota County SO

KOSTYAL,DEP

05/05/2018

09216080A2

Sarasota County SO

BUEHLER,DEP,M

LOPEZ-RAMIREZ

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.079Control Test 19:37

0.000Air Blank 19:38

# 1 0.173Subject Sample 19:40

2.960Breath Volume 19:40

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.174Subject Sample 19:44

1.914Breath Volume 19:44

0.000Air Blank 19:45

0.079Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 01/31/2018 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1412/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

20:41

Hillsborough Co SO

PECYLAK,M

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

FULLER

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.082Control Test 22:03

0.000Air Blank 22:04

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.082Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2812/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:44

Hillsborough Co SO

SIMS,T

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

MATOS MUNIZ

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:37

# 1Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.083Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1612/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:59

Hillsborough Co SO

DE JESUS,V

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

GONZALO-MEDINA

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.082Control Test 23:49

0.000Air Blank 23:50

# 1 0.219Subject Sample 23:52

1.187Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.216Subject Sample 23:56

2.156Breath Volume 23:56

0.000Air Blank 23:57

0.083Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:34

Hillsborough Co SO

FRANKLIN,R

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

RUMPH

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.083Control Test 03:16

0.000Air Blank 03:17

# 1 0.123Subject Sample 03:17

2.261Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.128Subject Sample 03:20

2.175Breath Volume 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4312/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:33

Hillsborough Co SO

BRONSON,R

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

PEREZ

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1 0.108Subject Sample 04:38

1.500Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.111Subject Sample 04:42

2.968Breath Volume 04:42

0.000Air Blank 04:42

0.083Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:0112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:56

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

JOHNSON

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.082Control Test 04:58

0.000Air Blank 04:58

# 1 0.144Subject Sample 04:59

2.144Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:01

# 2 0.145Subject Sample 05:02

2.132Breath Volume 05:02

0.000Air Blank 05:03

0.082Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:04

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3312/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:06

Hillsborough Co SO

DE JESUS,V

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

CONLEY JR

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.083Control Test 22:02

0.000Air Blank 22:03

# 1 0.223Subject Sample 22:03

1.855Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.221Subject Sample 22:06

1.164Breath Volume 22:06

0.000Air Blank 22:07

0.082Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:3612/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:30

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

LAWRENCE

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.083Control Test 21:50

0.000Air Blank 21:51

# 1 0.000Subject Sample 21:51

2.742Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.000Subject Sample 21:55

3.382Breath Volume 21:55

0.000Air Blank 21:55

0.083Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0212/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:41

Hillsborough Co SO

DEJESUS,V

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

WILLIAMS

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.082Control Test 01:35

0.000Air Blank 01:35

# 1 0.133Subject Sample 01:36

1.445Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.127Subject Sample 01:40

1.335Breath Volume 01:40

0.000Air Blank 01:41

0.082Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:42

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:4312/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:20

Hillsborough Co SO

BURKE,B

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

LUIS JUAN

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.082Control Test 05:11

0.000Air Blank 05:11

# 1 0.181Subject Sample 05:12

1.882Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:14

# 2 0.181Subject Sample 05:15

1.984Breath Volume 05:15

0.000Air Blank 05:15

0.082Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4412/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:33

Hillsborough Co SO

WOODEN,D

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

SWEERS

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.082Control Test 03:25

0.000Air Blank 03:25

# 1 0.115Subject Sample 03:28

1.261Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.114Subject Sample 03:32

1.710Breath Volume 03:32

0.000Air Blank 03:32

0.083Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3212/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:58

Hillsborough Co SO

FRANKLIN,R

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

BERNALDO

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.083Control Test 02:50

0.000Air Blank 02:50

# 1 0.271Subject Sample 02:52

1.839Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.263Subject Sample 02:55

1.371Breath Volume 02:55

0.000Air Blank 02:56

0.083Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:1312/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:54

Hillsborough Co SO

SNAGGS,S

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

SMITH

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.082Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:5912/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:45

Hillsborough Co SO

FRANKLIN,R

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

BERMEJO

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:44

# 1 0.160Subject Sample 00:46

1.289Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.162Subject Sample 00:51

1.765Breath Volume 00:51

0.000Air Blank 00:52

0.083Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1212/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:31

Hillsborough Co SO

BRONSON,R

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

BRZEZINSKI

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.082Control Test 02:31

0.000Air Blank 02:32

# 1 0.148Subject Sample 02:32

2.296Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.157Subject Sample 02:35

3.187Breath Volume 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4312/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:30

Hillsborough Co SO

DUNCAN,M

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

OXFORD

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.082Control Test 01:24

0.000Air Blank 01:25

# 1 0.202Subject Sample 01:25

2.960Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.206Subject Sample 01:29

2.308Breath Volume 01:29

0.000Air Blank 01:29

0.083Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:46

Hillsborough Co SO

SNAGGS,S

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

ANDRASIK

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.082Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:34 No Sample Provided

0.000Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.083Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5212/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:57

Hillsborough Co SO

FRANKLIN,R

03/05/2019

03417080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

ELLIBY

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.083Control Test 23:01

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:02

1.355Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:05

1.324Breath Volume 23:05

0.000Air Blank 23:05

0.082Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0312/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:03

Hillsborough Co SO

DUNCAN,M

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

DIAZ-GABRIEL

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.083Control Test 00:53

0.000Air Blank 00:53

# 1 0.219Subject Sample 00:54

3.359Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.214Subject Sample 00:57

3.421Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:2712/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:07

Hillsborough Co SO

ORNDORFF,W

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

CRUZ

12/19/2017

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.083Control Test 22:57

0.000Air Blank 22:57

# 1 0.184Subject Sample 22:59

2.644Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.193Subject Sample 23:01

2.421Breath Volume 23:01

0.000Air Blank 23:02

0.082Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 01/03/2018 19:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:1112/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:38

17:03

Patrick AFB PD

PERKINS,SAMUEL

04/08/2018

1841081

Patrick AFB PD

WILLIAMSON,ANDREW,S

PARAMORE

12/11/2017

8100.27

PATRICK AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.000Control Test 18:23 Control Outside Tolerance

0.000Air Blank 18:24

Data Download Date/Time: 01/24/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005146CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:2012/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:38

17:03

Patrick AFB PD

PERKINS,SAMUEL

04/08/2018

1841081

Patrick AFB PD

WILLIAMSON,ANDREW,S

PARAMORE

12/11/2017

8100.27

PATRICK AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:26

0.000Air Blank 18:26

0.000Control Test 18:26 Control Outside Tolerance

0.000Air Blank 18:27

Data Download Date/Time: 01/24/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1012/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

12:20

Hernando County SO

MATHIS,JOHN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

SUTTON

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:38:0112/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:10

09:25

Hernando County SO

KENT,NATHAN

08/05/2018

17316080A2

Hernando County SO

PEIRCE,HAROLD,F

CLIFFORD KILDAY

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:30

0.000Air Blank 10:30

0.081Control Test 10:31

0.000Air Blank 10:31

# 1 0.281Subject Sample 10:33

2.117Breath Volume 10:33

0.000Air Blank 10:34

0.000Air Blank 10:35

# 2 0.298Subject Sample 10:36

2.273Breath Volume 10:36

0.000Air Blank 10:37

0.079Control Test 10:37

0.000Air Blank 10:37

OKDiagnostics Check 10:38

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3212/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:13

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

DEL-CARMEN BULES

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.081Control Test 00:47

0.000Air Blank 00:47

# 1 0.109Subject Sample 00:50 Volume Not Met

0.148Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.104Subject Sample 00:54

1.195Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 3 0.110Subject Sample 00:57

1.156Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0612/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:21

Hernando County SO

WEBER,J

08/05/2018

17316080A2

Hernando County SO

MASCITELLI,V,D

GONZALES

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

# 1 0.182Subject Sample 03:16

2.906Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 2 0.183Subject Sample 03:19

3.089Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:3012/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:27

Hernando County SO

MAURO,K

08/05/2018

17316080A2

Hernando County SO

ROSARIO,I,

DOBSON

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.079Subject Sample 01:33

3.972Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.076Subject Sample 01:36

3.992Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:0612/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:15

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

SANTIAGO

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

# 1 0.121Subject Sample 23:08

2.523Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.110Subject Sample 23:11

1.679Breath Volume 23:11

0.000Air Blank 23:12

0.078Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3512/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:38

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

MCKENNA

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3612/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:30

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

LAROCCA

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.000Subject Sample 23:40

4.101Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:43

2.742Breath Volume 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:3712/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:51

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

TIMNEY

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.082Control Test 21:42

0.000Air Blank 21:43

# 1 0.142Subject Sample 21:43

1.421Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.138Subject Sample 21:47

1.121Breath Volume 21:47

0.000Air Blank 21:47

0.081Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3112/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:54

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

SMITHSON

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

# 1 0.043Subject Sample 01:49

1.320Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.042Subject Sample 01:54

1.449Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1112/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:35

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

SAGER

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1 0.098Subject Sample 00:22

1.546Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.095Subject Sample 00:25

2.210Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3612/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:59

Hernando County SO

MATHIS,JOHN

08/05/2018

17316080A2

Hernando County SO

STIMPSON,RACHEL,

SCHULTZ

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.082Control Test 01:01

0.000Air Blank 01:01

# 1Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:02

0.081Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:5712/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:08

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

CASTRO AREVICHE

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:45

# 1 0.218Subject Sample 00:48 Volume Not Met

0.000Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:50

# 2 0.225Subject Sample 00:51 No .020 agreement

1.363Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:53

# 3 0.199Subject Sample 00:55 No .020 agreement

1.414Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:0312/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:51

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

RUSSO

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.083Control Test 03:50

0.000Air Blank 03:51

# 1 0.132Subject Sample 03:54 Volume Not Met

0.730Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.148Subject Sample 03:57

2.312Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 3 0.144Subject Sample 04:01

2.062Breath Volume 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:03

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:1012/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:50

Hernando County SO

BROWN,R

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

PACKAN

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

# 1Subject Sample 21:53 Subject Test Refused

0.000Breath Volume 21:53

0.000Air Blank 21:54

0.082Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0512/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:33

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

CRISSON

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.082Control Test 03:47

0.000Air Blank 03:47

# 1 0.147Subject Sample 03:48

1.617Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:50

# 2 0.155Subject Sample 03:51

1.882Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:4212/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:41

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

THOMAS

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:24

0.000Air Blank 03:24

# 1 0.082Subject Sample 03:25

1.933Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.079Subject Sample 03:28

2.867Breath Volume 03:28

0.000Air Blank 03:28

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2912/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:30

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

LEANDRO

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.082Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:5112/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:25

Hernando County SO

BROWN,R

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

JOHNSON

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.082Control Test 20:26

0.000Air Blank 20:27

# 1 0.060Subject Sample 20:27

2.664Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.062Subject Sample 20:31

3.582Breath Volume 20:31

0.000Air Blank 20:31

0.080Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:5112/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:08

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

NEEL

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.081Control Test 21:06

0.000Air Blank 21:06

# 1Subject Sample 21:09 No Sample Provided

0.000Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2Subject Sample 21:15 No Sample Provided

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.082Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:2412/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:47

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

RIDDELL

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.082Control Test 03:00

0.000Air Blank 03:01

# 1 0.113Subject Sample 03:02

1.480Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.101Subject Sample 03:06

1.207Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:47:0712/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:31

Hernando County SO

WITHERELL,BENJAMIN

08/05/2018

17316080A2

Hernando County SO

WITHERELL,BENJAMIN,T

KIRBY

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:40

0.000Air Blank 08:41

0.081Control Test 08:41

0.000Air Blank 08:42

# 1 0.201Subject Sample 08:42

2.214Breath Volume 08:42

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.202Subject Sample 08:45

2.265Breath Volume 08:45

0.000Air Blank 08:46

0.079Control Test 08:46

0.000Air Blank 08:47

OKDiagnostics Check 08:47

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:0912/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:55

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

RIVAS

11/24/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:46

# 1 0.211Subject Sample 23:47

2.339Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.207Subject Sample 23:50

2.441Breath Volume 23:50

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 12/23/2017 09:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:4512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:11

Hernando County SO

DOBOSIEWICZ,A

08/05/2018

17316080A2

FHP Troop C

JULIOS,ANTHONY,J

HOFFMAN

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:58

0.082Control Test 19:58

0.000Air Blank 19:59

# 1Subject Sample 19:59 Subject Test Refused

0.000Breath Volume 19:59

0.000Air Blank 19:59

0.081Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 01/15/2018 16:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2712/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:43

Hernando County SO

GARTNER,A

08/05/2018

17316080A2

FHP Troop C

JULIOS,ANTHONY,J

FRAZIER

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.035Subject Sample 00:27

2.449Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.033Subject Sample 00:29

1.953Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/15/2018 16:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:2512/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:04

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

BUHALOG

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:18

0.000Air Blank 01:18

# 1 0.060Subject Sample 01:19

3.675Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.059Subject Sample 01:22

1.707Breath Volume 01:22

0.000Air Blank 01:23

0.079Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0712/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:00

Hernando County SO

MATHIS,JOHN

08/05/2018

17316080A2

Hernando County SO

CRUZ,CHRISTINA,M

MCKEE

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:43

0.081Control Test 20:43

0.000Air Blank 20:44

# 1 0.115Subject Sample 20:47 Volume Not Met

0.015Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 2 0.125Subject Sample 20:50

1.765Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 3 0.118Subject Sample 20:53

1.804Breath Volume 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4112/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:54

FHP Troop C

GARTNER,ARTHUR

08/05/2018

17316080A2

FHP Troop C

GARTNER,ARTHUR,F

SILOS

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.000Subject Sample 02:54 Volume Not Met

0.015Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.000Subject Sample 03:00 Volume Not Met

0.015Breath Volume 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:1712/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:09

14:30

Hernando County SO

KENT,N

08/05/2018

17316080A2

Hernando County SO

EVERY,T,J

CHIARA

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:30

0.000Air Blank 15:30

0.081Control Test 15:30

0.000Air Blank 15:31

# 1Subject Sample 15:31 Subject Test Refused

0.000Breath Volume 15:31

0.000Air Blank 15:32

0.082Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4012/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:04

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

JULIOS,ANTHONY,J

PAPA

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.224Subject Sample 01:08

2.007Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.219Subject Sample 01:11

1.230Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:3512/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:50

Hernando County SO

BROWN,RYAN

08/05/2018

17316080A2

Hernando County SO

STIMPSON,RACHEL,

CAMPBELL

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.082Control Test 22:35

0.000Air Blank 22:35

# 1Subject Sample 22:37 Subject Test Refused

0.000Breath Volume 22:37

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:3312/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:22

Hernando County SO

MASCITELLI,V

08/05/2018

17316080A2

Hernando County SO

MASCITELLI,V,D

SOEHNGEN

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.082Control Test 21:01

0.000Air Blank 21:02

# 1 0.199Subject Sample 21:02

1.539Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2Subject Sample 21:07 Subject Test Refused

0.656Breath Volume 21:07

0.000Air Blank 21:08

0.080Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:5312/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:31

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

BLANCHETTE

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.081Control Test 22:17

0.000Air Blank 22:17

# 1 0.112Subject Sample 22:18

1.695Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:20

# 2 0.108Subject Sample 22:21

1.269Breath Volume 22:21

0.000Air Blank 22:21

0.081Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:59

Hernando County SO

COCHRANE,AARON

08/05/2018

17316080A2

Hernando County SO

COCHRANE,AARON,M

HOLMES

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

# 1 0.212Subject Sample 21:54

4.347Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.200Subject Sample 21:58

3.519Breath Volume 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005249CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4212/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:23

Hernando County SO

MATHIS,J

08/05/2018

17316080A2

Hernando County SO

ROSARIO,I,

PENCOLA

12/23/2017

8100.27

HERNANDO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:51

# 1Subject Sample 22:51 Subject Test Refused

0.000Breath Volume 22:51

0.000Air Blank 22:51

0.081Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 01/15/2018 16:18

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:5712/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:03

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

FIGUEROA

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.082Control Test 00:18

0.000Air Blank 00:19

# 1 0.307Subject Sample 00:21

1.457Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.327Subject Sample 00:26

1.773Breath Volume 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2212/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:46

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

BOSWELL

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.082Control Test 03:33

0.000Air Blank 03:33

# 1 0.000Subject Sample 03:34

2.187Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.000Subject Sample 03:37

2.843Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:1312/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:50

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

HARVEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.082Control Test 04:43

0.000Air Blank 04:44

# 1 0.000Subject Sample 04:44

1.335Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.000Subject Sample 04:47

1.621Breath Volume 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:2812/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:03

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

LA

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.181Subject Sample 22:50

1.125Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.168Subject Sample 22:53

1.269Breath Volume 22:53

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:0512/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:31

Pinellas County SO

FRASER,B

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

BLAUVELT

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:23

# 1 0.199Subject Sample 03:24

1.722Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.200Subject Sample 03:27

2.191Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4912/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:05

Pinellas County SO

FRASER,C

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

CARROLL

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.083Control Test 20:54

0.000Air Blank 20:55

# 1 0.190Subject Sample 20:58 Volume Not Met

0.019Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2Subject Sample 21:02 Subject Test Refused

0.550Breath Volume 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:5812/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:05

Pinellas County SO

LOSTRAGLIO,C

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

JOHNSON

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.082Control Test 22:21

0.000Air Blank 22:21

# 1 0.164Subject Sample 22:22

1.894Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 2 0.149Subject Sample 22:26

1.457Breath Volume 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:4212/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:44

Pinellas County SO

FIELDEN,E

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

RIOS

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1Subject Sample 01:55 No Sample Provided

0.000Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.182Subject Sample 01:58

1.308Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 3 0.183Subject Sample 02:02

1.898Breath Volume 02:02

0.000Air Blank 02:02

0.081Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:4512/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:07

FHP Troop C

MIDDLETON,KRISTEN

10/24/2018

AG629802

FHP Troop C

MIDDLETON,KRISTEN,M

MITCHELL

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:52

# 1 0.000Subject Sample 02:53

1.257Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.000Subject Sample 02:56

1.585Breath Volume 02:56

0.000Air Blank 02:56

0.083Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:3612/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:01

Pinellas County SO

VICKERS,J

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

STAMBAUGH

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 04:58 Subject Test Refused

0.000Breath Volume 04:58

0.000Air Blank 04:58

0.081Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:4812/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:53

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

TUTTLE

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.082Control Test 20:38

0.000Air Blank 20:39

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.082Control Test 20:40

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:3712/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:11

FHP Troop C

MIDDLETON,KRISTEN

10/24/2018

AG629802

FHP Troop C

MIDDLETON,KRISTEN,M

KEENAN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.082Control Test 05:06

0.000Air Blank 05:06

# 1 0.209Subject Sample 05:07

1.804Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.216Subject Sample 05:11

1.964Breath Volume 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:5812/05/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:50

FHP Troop C

MIDDLETON,KRISTEN

10/24/2018

AG629802

FHP Troop C

MIDDLETON,KRISTEN,M

MELTON

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

# 1 0.176Subject Sample 04:03

1.398Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:05

# 2 0.172Subject Sample 04:06

2.054Breath Volume 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4512/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:19

Pinellas County SO

BURNER,SEAN

10/24/2018

AG629802

Kenneth City PD

GRIFFIN,KYLE,A

FURLONG

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.081Control Test 05:52

0.000Air Blank 05:52

# 1 0.000Subject Sample 05:53

2.480Breath Volume 05:53

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.000Subject Sample 05:56

1.554Breath Volume 05:56

0.000Air Blank 05:56

0.082Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:3112/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:40

11:12

Pinellas County SO

SNAVELY,KENT

10/24/2018

AG629802

Pinellas County SO

SNAVELY,KENT,J

COOK

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:01

0.000Air Blank 12:02

0.082Control Test 12:02

0.000Air Blank 12:02

# 1Subject Sample 12:03 Subject Test Refused

0.000Breath Volume 12:03

0.000Air Blank 12:03

0.082Control Test 12:03

0.000Air Blank 12:04

OKDiagnostics Check 12:04

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5712/07/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:36

Pinellas County SO

ELLIS,ALEX

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

BAKER

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.082Control Test 03:26

0.000Air Blank 03:27

# 1 0.136Subject Sample 03:27

2.628Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.136Subject Sample 03:30

2.644Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:4312/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:46

Pinellas County SO

ELLIS,ALEXANDER

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,

GOODEN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.082Control Test 00:42

0.000Air Blank 00:43

# 1 0.000Subject Sample 00:43

3.363Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.000Subject Sample 00:46

3.320Breath Volume 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3712/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:55

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

MOORE

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.082Control Test 02:17

0.000Air Blank 02:17

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:18

0.082Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:3412/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

01:22

Pinellas County SO

HANNA,J

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

RODRIGUEZ

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:34

0.000Air Blank 02:34

# 1 0.139Subject Sample 02:35

2.019Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.138Subject Sample 02:39

1.546Breath Volume 02:39

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3612/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:11

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

DEAN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:53

# 1 0.116Subject Sample 02:54

1.687Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.115Subject Sample 02:57

1.726Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2912/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:32

Pinellas County SO

ELLIS,ALEXANDER

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,

DUDA

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.083Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:31 No Sample Provided

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2Subject Sample 02:37 No Sample Provided

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.083Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4812/11/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:27

Pinellas County SO

TEMPLE,ELIZABETH

10/24/2018

AG629802

Pinellas County SO

BICKFORD,BRANT,K

TETTING

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.083Control Test 01:32

0.000Air Blank 01:32

# 1 0.125Subject Sample 01:34

1.476Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.128Subject Sample 01:38

1.699Breath Volume 01:38

0.000Air Blank 01:38

0.081Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:2812/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:00

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

DILLON

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.084Control Test 00:03

0.000Air Blank 00:04

# 1 0.190Subject Sample 00:04

2.683Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.180Subject Sample 00:07

2.007Breath Volume 00:07

0.000Air Blank 00:08

0.082Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4912/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:05

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

PIANATANO

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.083Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.082Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1312/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:16

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

GLASS

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.083Control Test 01:12

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4012/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:12

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

MOORE

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.083Control Test 02:56

0.000Air Blank 02:57

# 1 0.146Subject Sample 02:57

2.703Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.145Subject Sample 03:01

2.417Breath Volume 03:01

0.000Air Blank 03:01

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4512/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:33

Pinellas County SO

ELLIS,ALEXANDER

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

SUCHAN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1Subject Sample 04:41 No Sample Provided

0.000Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2Subject Sample 04:45 Subject Test Refused

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.082Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:49:0712/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

13:12

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

GRIZZLE

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:46

0.000Air Blank 14:46

0.082Control Test 14:47

0.000Air Blank 14:47

# 1Subject Sample 14:47 Subject Test Refused

0.000Breath Volume 14:47

0.000Air Blank 14:48

0.081Control Test 14:48

0.000Air Blank 14:49

OKDiagnostics Check 14:49

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:3212/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:08

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

AARONS

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.082Control Test 03:10

0.000Air Blank 03:11

# 1Subject Sample 03:14 No Sample Provided

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5412/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

18:58

Pinellas County SO

STILES,S

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

CRUTCHFIELD

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.083Control Test 19:59

0.000Air Blank 19:59

# 1 0.000Subject Sample 20:01

1.507Breath Volume 20:01

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2 0.000Subject Sample 20:04

1.136Breath Volume 20:04

0.000Air Blank 20:04

0.083Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:3612/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:58

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

ELLSBERRY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.082Control Test 02:55

0.000Air Blank 02:55

# 1 0.209Subject Sample 02:56

3.402Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.190Subject Sample 03:00

1.808Breath Volume 03:00

0.000Air Blank 03:00

0.082Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0912/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:00

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

COMPAGNONI

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.082Control Test 03:39

0.000Air Blank 03:39

# 1Subject Sample 03:39 Subject Test Refused

0.000Breath Volume 03:39

0.000Air Blank 03:40

0.082Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0912/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:07

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

SKY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.082Control Test 03:56

0.000Air Blank 03:57

# 1 0.000Subject Sample 03:57

1.914Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.000Subject Sample 04:00

2.070Breath Volume 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/27/2017 22:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:3112/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:15

Pinellas County SO

LEFFINGWELL,B

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

GISONNI

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.082Control Test 00:06

0.000Air Blank 00:07

# 1 0.000Subject Sample 00:07

1.937Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.000Subject Sample 00:11

1.621Breath Volume 00:11

0.000Air Blank 00:11

0.083Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4912/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:39

Pinellas County SO

WILTSE,DEPUTY WILLIAM

10/24/2018

AG629802

Pinellas County SO

WILTSE,DEPUTY WILLIAM,

AUGER

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.082Control Test 00:33

0.000Air Blank 00:33

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.082Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5712/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:13

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

MARMOLEJO

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.083Control Test 03:23

0.000Air Blank 03:24

# 1 0.058Subject Sample 03:24

1.398Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.060Subject Sample 03:27

1.832Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5212/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:36

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

UNDERWOOD

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.083Control Test 03:55

0.000Air Blank 03:55

# 1Subject Sample 03:58 No Sample Provided

0.000Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2Subject Sample 04:04 No Sample Provided

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.082Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:3612/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

02:36

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

UNDERWOOD

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.082Control Test 04:16

0.000Air Blank 04:16

# 1 0.154Subject Sample 04:19

1.683Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.166Subject Sample 04:25 Volume Not Met

0.312Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 3 0.152Subject Sample 04:30 Volume Not Met

0.074Breath Volume 04:30

0.000Air Blank 04:31

0.079Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:2412/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:03

19:31

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

BARRICK

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:24

0.082Control Test 20:24

0.000Air Blank 20:25

# 1 0.189Subject Sample 20:28 Volume Not Met

0.640Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:30

# 2 0.202Subject Sample 20:31

1.472Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 3 0.196Subject Sample 20:36

1.367Breath Volume 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:4112/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:05

Pinellas County SO

BEROSHOCK,CRAIG

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

GYBAS

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.083Control Test 21:03

0.000Air Blank 21:03

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:04

0.082Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:2412/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:39

Pinellas County SO

RICOTTILLI,JOSHUA

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

TOOHEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.081Control Test 05:36

0.000Air Blank 05:36

# 1 0.121Subject Sample 05:37

3.105Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.121Subject Sample 05:40

3.332Breath Volume 05:40

0.000Air Blank 05:41

0.081Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:4012/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:42

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

JOAQUIN CRUZ

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.082Control Test 01:29

0.000Air Blank 01:29

# 1 0.132Subject Sample 01:30

1.953Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.133Subject Sample 01:33

2.152Breath Volume 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0012/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:05

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

BAILEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.082Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5612/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:45

Pinellas County SO

STEIN,T

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

DAUIS

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.082Control Test 04:00

0.000Air Blank 04:01

# 1 0.173Subject Sample 04:04

2.824Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.173Subject Sample 04:07

2.601Breath Volume 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:02:0312/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

05:30

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

DOTY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.082Control Test 06:56

0.000Air Blank 06:56

# 1 0.074Subject Sample 06:57

2.519Breath Volume 06:57

0.000Air Blank 06:58

0.000Air Blank 07:00

# 2 0.074Subject Sample 07:00

2.308Breath Volume 07:00

0.000Air Blank 07:01

0.082Control Test 07:01

0.000Air Blank 07:01

OKDiagnostics Check 07:02

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4412/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

23:38

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

ORTIZ

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.083Control Test 02:08

0.000Air Blank 02:08

# 1 0.000Subject Sample 02:09

2.656Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.000Subject Sample 02:12

1.980Breath Volume 02:12

0.000Air Blank 02:12

0.082Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:2512/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:48

18:11

Pinellas County SO

CAREY,KEVIN

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

EDDY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:09

0.082Control Test 19:10

0.000Air Blank 19:10

# 1 0.120Subject Sample 19:11

1.273Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.124Subject Sample 19:14

1.562Breath Volume 19:14

0.000Air Blank 19:15

0.081Control Test 19:15

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:3312/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:23

Pinellas County SO

WODRASKA,J

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

MORGAN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.082Control Test 20:11

0.000Air Blank 20:11

# 1 0.116Subject Sample 20:13

1.265Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2 0.127Subject Sample 20:17

1.691Breath Volume 20:17

0.000Air Blank 20:18

0.081Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:1512/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:40

Pinellas County SO

HARTZIG,B

10/24/2018

AG629802

FHP Troop C

DEANE,M,

HURNEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

# 1Subject Sample 20:59 Subject Test Refused

0.000Breath Volume 20:59

0.000Air Blank 21:00

0.081Control Test 21:00

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:3812/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:40

Pinellas County SO

HARTZIG,B

10/24/2018

AG629802

FHP Troop C

DEANE,M,

HURNEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

# 1 0.169Subject Sample 21:06

1.746Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.170Subject Sample 21:09

1.191Breath Volume 21:09

0.000Air Blank 21:09

0.080Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:5812/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:36

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

MAZZULLO

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.082Control Test 23:10

0.000Air Blank 23:10

# 1 0.000Subject Sample 23:11

2.699Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:14

2.433Breath Volume 23:14

0.000Air Blank 23:15

0.080Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:3512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:26

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

MCKNIGHT

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:43 No Sample Provided

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2Subject Sample 02:49 No Sample Provided

0.000Breath Volume 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2612/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:35

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

PEREZ

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.149Subject Sample 03:21 Volume Not Met

0.699Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.123Subject Sample 03:26 Volume Not Met

0.593Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:35

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

PEREZ

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.135Subject Sample 03:33

1.328Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.113Subject Sample 03:38 Volume Not Met

0.832Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 3 0.114Subject Sample 03:44 Volume Not Met

0.523Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5912/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:48

Pinellas County SO

SILVERSTEIN,C

10/24/2018

AG629802

Largo PD

ANTHONY,MICHAEL,

KHAMPHANH

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:30

# 1 0.058Subject Sample 04:31

1.238Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.054Subject Sample 04:34

1.488Breath Volume 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:4612/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:13

Pinellas County SO

HOOD,COREY

10/24/2018

AG629802

Pinellas County SO

HOOD,COREY,H

F660541950540

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:10

# 1 0.083Subject Sample 05:11

1.511Breath Volume 05:11

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.081Subject Sample 05:14

1.183Breath Volume 05:14

0.000Air Blank 05:14

0.081Control Test 05:15

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:3112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:19

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

SCHOTT

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.082Control Test 22:08

0.000Air Blank 22:09

# 1 0.153Subject Sample 22:09

2.437Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2 0.152Subject Sample 22:12

2.257Breath Volume 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3612/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:09

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

WHEELER

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.082Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:19

0.081Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:3812/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:48

05:12

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

RITTLEY

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:08

0.000Air Blank 06:08

0.081Control Test 06:09

0.000Air Blank 06:09

# 1 0.119Subject Sample 06:10

3.218Breath Volume 06:10

0.000Air Blank 06:10

0.000Air Blank 06:12

# 2 0.111Subject Sample 06:13

2.109Breath Volume 06:13

0.000Air Blank 06:13

0.081Control Test 06:14

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:4712/25/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:45

FHP Troop C

REFUSE,RONY

10/24/2018

AG629802

FHP Troop C

REFUSE,RONY,

OROIAN

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.083Control Test 21:29

0.000Air Blank 21:30

# 1Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.083Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:5312/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:39

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

CASTALDI

11/29/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.082Control Test 21:32

0.000Air Blank 21:32

# 1 0.056Subject Sample 21:33

1.570Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.056Subject Sample 21:36

1.570Breath Volume 21:36

0.000Air Blank 21:36

0.083Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 12/27/2017 22:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2712/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:08

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

SOLANO

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.082Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.082Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:5012/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

18:41

Pinellas County SO

GRIFFIN,KYLE

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

DAVIS

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:19

0.082Control Test 19:19

0.000Air Blank 19:19

# 1Subject Sample 19:20 Subject Test Refused

0.000Breath Volume 19:20

0.000Air Blank 19:20

0.082Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4412/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:27

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

FLETCHER

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.082Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.082Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3312/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:22

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

PEGUERO

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.082Control Test 01:06

0.000Air Blank 01:06

# 1 0.076Subject Sample 01:07

2.441Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.076Subject Sample 01:10

2.464Breath Volume 01:10

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3612/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:33

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

MOSENTHAL

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.082Control Test 01:24

Air Blank 01:24 RFI Detect

0.000Air Blank 01:24

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4212/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:33

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

MOSENTHAL

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:26

# 1 0.158Subject Sample 01:27

2.496Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.155Subject Sample 01:30

2.363Breath Volume 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1112/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:45

Pinellas County SO

BLAIR,R

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,

VICARIO

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.082Control Test 04:14

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:54:5112/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:28

05:44

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

TOWNS

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:51

0.083Control Test 06:51

0.000Air Blank 06:52

# 1Subject Sample 06:53 Subject Test Refused

0.000Breath Volume 06:53

0.000Air Blank 06:53

0.082Control Test 06:54

0.000Air Blank 06:54

OKDiagnostics Check 06:54

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0212/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:43

Pinellas County SO

LOSTRAGLIO,C

10/24/2018

AG629802

Pinellas County SO

DEANE,M,

EMBREY

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.083Control Test 21:36

0.000Air Blank 21:37

# 1 0.000Subject Sample 21:38

1.851Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.000Subject Sample 21:42

1.468Breath Volume 21:42

0.000Air Blank 21:43

0.082Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:44

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:3212/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:36

FHP Troop C

SMITH,WILLIAM

10/24/2018

AG629802

FHP Troop C

SMITH,WILLIAM,T

ARENT

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.083Control Test 01:11

0.000Air Blank 01:12

# 1 0.181Subject Sample 01:12

4.144Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.181Subject Sample 01:15

3.781Breath Volume 01:15

0.000Air Blank 01:16

0.082Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5612/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:31

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

DAVID

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

# 1 0.207Subject Sample 04:14 Volume Not Met

0.238Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.229Subject Sample 04:17

2.046Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 3 0.239Subject Sample 04:20

1.285Breath Volume 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:4512/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:50

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,A,M

STONE

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.081Control Test 04:50

0.000Air Blank 04:50

# 1 0.167Subject Sample 04:52

2.367Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.175Subject Sample 04:56

2.527Breath Volume 04:56

0.000Air Blank 04:56

0.080Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 01/25/2018 23:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:5912/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

16:53

FHP Troop H

SMYRNIOS,GUS

07/14/2018

AG619605

FHP Troop H

SMYRNIOS,GUS,T

TUCKER

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:39

0.081Control Test 18:39

0.000Air Blank 18:40

# 1 0.107Subject Sample 18:41

2.699Breath Volume 18:41

0.000Air Blank 18:42

0.000Air Blank 18:43

# 2 0.100Subject Sample 18:44

1.746Breath Volume 18:44

0.000Air Blank 18:45

0.080Control Test 18:45

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:16:3012/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:52

10:52

Perry PD

CANNON,CHAD

07/14/2018

AG619605

Perry PD

CANNON,CHAD,M

MURRAY

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:15

0.000Air Blank 11:15

0.063Control Test 11:15 Control Outside Tolerance

0.000Air Blank 11:16

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2712/12/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

20:17

Perry PD

CEPHUS,JAMIN

07/14/2018

AG619605

Perry PD

CEPHUS,JAMIN,I

COPELAND

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.077Control Test 22:40

0.000Air Blank 22:41

# 1 0.082Subject Sample 22:41

1.765Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.081Subject Sample 22:44

2.871Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:03:5912/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

13:30

13:30

Perry PD

GRAY,LIN

07/14/2018

AG619605

Perry PD

GRAY,LIN,

MURRAY

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.000Control Test 14:03 RFI Detect

0.000Air Blank 14:03

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:11:2912/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

13:30

13:30

Perry PD

GRAY,LIN

07/14/2018

AG619605

Perry PD

GRAY,LIN,

MURRAY

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:05

0.000Air Blank 14:05

0.079Control Test 14:06

0.000Air Blank 14:06

# 1 0.000Subject Sample 14:07

1.671Breath Volume 14:07

0.000Air Blank 14:07

0.000Air Blank 14:09

# 2 0.000Subject Sample 14:10

1.902Breath Volume 14:10

0.000Air Blank 14:10

0.079Control Test 14:10

0.000Air Blank 14:11

OKDiagnostics Check 14:11

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:3812/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:26

Perry PD

MCKENZIE,MICHAEL

07/14/2018

AG619605

Taylor County SO

CEPHUS,JAMIN,I

MASON

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1 0.168Subject Sample 00:00

1.769Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.145Subject Sample 00:05 Volume Not Met

0.863Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 3 0.158Subject Sample 00:10

2.457Breath Volume 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:54:4912/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:20

10:20

Perry PD

RICKETSON,JAY

07/14/2018

AG619605

Perry PD

RICKETSON,JAY,R

MURRAY

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:48

0.000Air Blank 10:48

0.081Control Test 10:49

0.000Air Blank 10:49

# 1 0.000Subject Sample 10:50

2.636Breath Volume 10:50

0.000Air Blank 10:50

0.000Air Blank 10:52

# 2 0.000Subject Sample 10:53

3.781Breath Volume 10:53

0.000Air Blank 10:53

0.081Control Test 10:54

0.000Air Blank 10:54

OKDiagnostics Check 10:54

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:21:5212/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:55

09:36

FHP Troop H

SWINDLE,CHARLES

07/14/2018

AG619605

FHP Troop H

SWINDLE,CHARLES,M

HOLLON

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:16

0.082Control Test 10:16

0.000Air Blank 10:17

# 1 0.000Subject Sample 10:17

1.996Breath Volume 10:17

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2 0.000Subject Sample 10:20

2.335Breath Volume 10:20

0.000Air Blank 10:20

0.081Control Test 10:21

0.000Air Blank 10:21

OKDiagnostics Check 10:21

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2612/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:21

Perry PD

MCKENZIE,S

07/14/2018

AG619605

Perry PD

CANNON,CHAD,M

URBANSKI

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

# 1 0.169Subject Sample 03:16

1.621Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.174Subject Sample 03:19

1.640Breath Volume 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:1812/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:56

Perry PD

MITCHELL,CHARLES

07/14/2018

AG619605

Perry PD

CURRY,BRIAN,A

JOLLEY

12/08/2017

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.081Control Test 23:26

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:27

2.000Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:29

1.601Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/29/2018 15:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1812/21/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:42

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

JOHNS

11/29/2017

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

# 1 0.000Subject Sample 23:52

2.347Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.000Subject Sample 23:55

2.351Breath Volume 23:55

0.000Air Blank 23:56

0.075Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 01/03/2018 00:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:59

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

HENLEY

11/29/2017

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.077Control Test 00:08

0.000Air Blank 00:08

# 1 0.151Subject Sample 00:09

2.218Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.146Subject Sample 00:12

2.734Breath Volume 00:12

0.000Air Blank 00:13

0.076Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:14

Data Download Date/Time: 01/03/2018 00:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0512/29/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

04:03

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

SHALNA

11/29/2017

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.078Control Test 04:11

0.000Air Blank 04:12

# 1 0.147Subject Sample 04:15 Volume Not Met

0.085Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 2 0.167Subject Sample 04:19

1.386Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:22

# 3 0.146Subject Sample 04:25 Volume Not Met

0.160Breath Volume 04:25

0.000Air Blank 04:26

0.075Control Test 04:26

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 01/03/2018 00:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005537CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:0712/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:18

Daytona Beach PD

LAMPE,CORTLAND

06/14/2020

796576

Daytona Beach PD

LAMPE,CORTLAND,B

BALLA

12/07/2017

8100.27

DAYTONA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

# 1 0.199Subject Sample 02:28

3.023Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.192Subject Sample 02:31

2.378Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/28/2018 16:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2512/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:35

Fernandina Beach PD

MORENO,STEPHEN

08/05/2018

17316080A2

Fernandina Beach PD

PAETSCH,JOSH,E

MATIAS

11/14/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.186Subject Sample 03:19

2.492Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.192Subject Sample 03:22

2.742Breath Volume 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 12/18/2017 01:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5812/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:18

Fernandina Beach PD

DOUGLASS,MATTHEW

08/05/2018

17316080A2

Fernandina Beach PD

SMITH,JASON,E

THUMITH

11/14/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 12/18/2017 01:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:1312/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:28

Fernandina Beach PD

MAZURYK,MICHAEL

08/05/2018

17316080A2

Fernandina Beach PD

MAZURYK,MICHAEL,S

CONOVER

12/17/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

# 1 0.239Subject Sample 04:11

2.253Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.236Subject Sample 04:14

1.652Breath Volume 04:14

0.000Air Blank 04:15

0.079Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 01/03/2018 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5012/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:58

Fernandina Beach PD

PAETSCH,JOSHUA

08/05/2018

17316080A2

Fernandina Beach PD

SMITH,JASON,E

MANN

12/17/2017

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:34

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 01/03/2018 01:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5912/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:08

Miami-Dade PD

MUNOZ,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

MUNOZ,RICHARD,

MORALES

11/10/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.079Subject Sample 03:24

1.988Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.074Subject Sample 03:27

1.140Breath Volume 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/08/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:5112/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:03

Miami-Dade PD

CALVERT,P

09/05/2018

20016080A2

Miami-Dade PD

PHILPOT,C,

GUERRERO

11/10/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:44

# 1Subject Sample 04:45 Subject Test Refused

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 12/08/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0312/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

Miami-Dade PD

MESA,JONATHAN

09/05/2018

20016080A2

Miami-Dade PD

MESA,JONATHAN,A

RODRIGUEZ

11/10/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

Air Blank 01:26 RFI Detect

0.000Air Blank 01:27

Data Download Date/Time: 12/08/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4912/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

Miami-Dade PD

MESA,JONATHAN

09/05/2018

20016080A2

Miami-Dade PD

MESA,JONATHAN,A

RODRIGUEZ

11/10/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

# 1 0.253Subject Sample 01:31

1.867Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:33

# 2 0.228Subject Sample 01:34

1.683Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 3 0.245Subject Sample 01:37

3.558Breath Volume 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/08/2017 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:0212/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

05:40

Aventura PD

SIVERIO,MIGUEL

09/05/2018

20016080A2

Miami-Dade PD

OGDEN,JOHN,L

UFFNER

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

# 1 0.137Subject Sample 05:54

2.527Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:56

# 2 0.119Subject Sample 05:57

2.222Breath Volume 05:57

0.000Air Blank 05:58

0.078Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:59

Data Download Date/Time: 01/12/2018 09:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:4812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:21

Aventura PD

SHAPIRO,SHAPIRO

09/05/2018

20016080A2

Aventura PD

SHAPIRO,SABINA,M

MALDONADO

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:51

0.079Control Test 16:51

0.000Air Blank 16:52

# 1 0.248Subject Sample 16:52

2.628Breath Volume 16:52

0.000Air Blank 16:53

0.000Air Blank 16:54

# 2 0.227Subject Sample 16:55

1.320Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:57

# 3 0.218Subject Sample 16:58

1.203Breath Volume 16:58

0.000Air Blank 16:58

0.077Control Test 16:59

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 01/12/2018 09:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005548CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4812/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:48

Aventura PD

CURTIS,WILLIAM

09/05/2018

20016080A2

Aventura PD

CURTIS,WILLIAM,C

GONZALEZ

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

# 1 0.176Subject Sample 23:50 Volume Not Met

0.097Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:52

# 2Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.078Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 01/12/2018 09:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:2212/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

20:52

OTHER Local

GEBBIA,SALVATORE

09/05/2018

20016080A2

OTHER Local

RIVERA,ALBERTO,J

SANTAYA

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.076Control Test 21:38

0.000Air Blank 21:39

# 1 0.255Subject Sample 21:39

3.191Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.259Subject Sample 21:42

2.640Breath Volume 21:42

0.000Air Blank 21:43

0.074Control Test 21:43 Control Outside Tolerance

0.000Air Blank 21:44

Data Download Date/Time: 01/24/2018 10:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2912/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:10

Miami-Dade PD

TRUJILLO,GEORGE

09/05/2018

20016080A2

Miami-Dade PD

TRUJILLO,GEORGE,L

ARENCIBIA

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:15

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 01/24/2018 10:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005549CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1812/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

02:03

Miami-Dade PD

VARGAS,D

09/05/2018

20016080A2

Miami-Dade PD

VARGAS,D,

LEE

12/08/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.140Subject Sample 02:46

2.527Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.139Subject Sample 02:49

2.765Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 01/24/2018 10:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:0512/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:45

Miami-Dade PD

AZRAK,JOSEPH

09/05/2018

20016080A2

Miami-Dade PD

AZRAK,JOSEPH,

KERNS

11/07/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:34

OKDiagnostics Check 03:35

Data Download Date/Time: 12/06/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0912/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:16

Miami-Dade PD

VARGAS,D

09/05/2018

20016080A2

Miami-Dade PD

AZRAK,JOSEPH,

LEYVA SUAREZ

11/07/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.150Subject Sample 01:39

1.917Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.150Subject Sample 01:42

2.847Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 12/06/2017 09:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2212/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:30

Miami-Dade PD

AZRAK,JOSEPH

09/05/2018

20016080A2

Miami-Dade PD

AZRAK,JOSEPH,

FATMI

12/06/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/04/2018 12:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:4212/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:31

Miami-Dade PD

PORTELA,JUAN

09/05/2018

20016080A2

Village of Pinecrest

AZRAK,JOSEPH,

ROJAS

12/06/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:42

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 01/04/2018 12:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:0112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:37

Miami-Dade PD

AZRAK,JOSEPH

09/05/2018

20016080A2

Miami-Dade PD

AZRAK,JOSEPH,

MARTINEZ

12/06/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:13

Data Download Date/Time: 01/04/2018 12:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:3812/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:55

Miami-Dade PD

AZRAK,JOSEPH

09/05/2018

20016080A2

Miami-Dade PD

AZRAK,JOSEPH,

GUZMAN

12/06/2017

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

# 1Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 01/04/2018 12:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3712/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:45

Sarasota County SO

PUFAHL,G

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

DOOLEY

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.047Subject Sample 01:08

3.117Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.048Subject Sample 01:11

3.015Breath Volume 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 12/29/2017 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0312/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

01:08

Sarasota County SO

PUFAHL,G

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

WAUGH

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:21

0.000Air Blank 01:21

# 1 0.181Subject Sample 01:22

1.324Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.175Subject Sample 01:26

1.546Breath Volume 01:26

0.000Air Blank 01:27

0.081Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 12/29/2017 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5712/14/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:54

Sarasota County SO

PUFAHL,G

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

LINARES

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:10

# 1 0.175Subject Sample 01:12

2.050Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.169Subject Sample 01:15

1.410Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/29/2017 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-005936CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5212/27/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:55

Sarasota County SO

PUFAHL,G

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

SMITH

11/22/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:15

# 1 0.240Subject Sample 22:16

1.562Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:18

# 2 0.235Subject Sample 22:19

1.906Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 12/29/2017 07:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5812/01/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:33

Palm Beach County SO

BORROWS,ANDREW

07/05/2019

12317080A3

Jupiter PD

BIGGS,JAMES,G

THEISS

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:30

0.000Air Blank 00:30

# 1 0.237Subject Sample 00:33 Volume Not Met

1.035Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.256Subject Sample 00:37

1.882Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 3 0.252Subject Sample 00:41

1.519Breath Volume 00:41

0.000Air Blank 00:42

0.077Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0412/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:26

Palm Beach County SO

CHIQUITO
RODRIGUEZ,LEENDY

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

LOPEZ-PEREZ

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.081Control Test 02:19

0.000Air Blank 02:19

# 1 0.205Subject Sample 02:22

1.511Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.197Subject Sample 02:25

1.136Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2112/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:07

Palm Beach County SO

LONEY,MICHAEL

07/05/2019

12317080A3

Tequesta PD

OWEN,SUE,

GOLEC

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

# 1 0.201Subject Sample 04:04

1.925Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.211Subject Sample 04:07

2.089Breath Volume 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2112/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:08

Palm Beach County SO

TAVARES,LUCAS

07/05/2019

12317080A3

FHP Troop L

OWEN,SUE,

DOMINGO-AGUILAR

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.152Subject Sample 04:45

2.246Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.146Subject Sample 04:48

1.343Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:2112/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:01

05:29

Palm Beach County SO

WEBER,RONALD

07/05/2019

12317080A3

FHP Troop L

OWEN,SUE,

HOLMES

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:35

0.000Air Blank 06:35

0.081Control Test 06:35

0.000Air Blank 06:36

# 1 0.217Subject Sample 06:38

1.421Breath Volume 06:38

0.000Air Blank 06:39

0.000Air Blank 06:41

# 2 0.207Subject Sample 06:42

1.281Breath Volume 06:42

0.000Air Blank 06:43

0.079Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5812/02/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:49

Palm Beach County SO

CLEARY,GUS

07/05/2019

12317080A3

FHP Troop L

PALMER,SAMANTHA,M

GONZALEZ

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

# 1Subject Sample 23:39 No Sample Provided

0.000Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2Subject Sample 23:42 Subject Test Refused

0.000Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4112/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:50

Palm Beach County SO

FREY,JACOB

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

AGUILAR

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

# 1 0.075Subject Sample 02:22

2.121Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.078Subject Sample 02:25

2.417Breath Volume 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4812/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:51

Palm Beach County SO

JOHNSON,CARL

07/05/2019

12317080A3

Riviera Beach PD

PALMER,SAMANTHA,M

THRALL

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.189Subject Sample 04:08

1.398Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.171Subject Sample 04:14 Volume Not Met

0.175Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 3 0.177Subject Sample 04:20 Volume Not Met

0.023Breath Volume 04:20

0.000Air Blank 04:20

0.077Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5312/03/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:02

Palm Beach County SO

SORIANO,REYNALDO

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

GUTIERREZ BELLO

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.081Control Test 22:51

0.000Air Blank 22:51

# 1 0.217Subject Sample 22:52

2.222Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.229Subject Sample 22:56

1.949Breath Volume 22:56

0.000Air Blank 22:56

0.079Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4812/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:48

Palm Beach County SO

WALTON,THOMAS

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

ALCEBO

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

# 1 0.212Subject Sample 01:54

3.640Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.212Subject Sample 01:58

4.250Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4312/04/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:44

Palm Beach County SO

WALTON,THOMAS

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

STROMAN

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.082Control Test 22:31

0.000Air Blank 22:32

# 1 0.327Subject Sample 22:32

2.640Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.319Subject Sample 22:36

2.726Breath Volume 22:36

0.000Air Blank 22:36

0.080Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2812/06/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:50

Palm Beach County SO

SCARTOZZI,PATRICK

07/05/2019

12317080A3

Palm Beach County SO

BIGGS,JAMES,G

ORORIO-LOPEZ

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

# 1 0.159Subject Sample 01:24 Volume Not Met

0.101Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4312/08/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:18

Palm Beach County SO

DILLARD,DANIEL

07/05/2019

12317080A3

West Palm Beach PD

PALMER,SAMANTHA,M

AGUSTIN ESCALANTE

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1 0.115Subject Sample 01:17 Volume Not Met

0.070Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.143Subject Sample 01:21

2.582Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 3 0.143Subject Sample 01:24

1.605Breath Volume 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1112/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:02

Palm Beach County SO

YOCHUM,CRAIG

07/05/2019

12317080A3

Jupiter PD

OWEN,SUE,

REES

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1 0.261Subject Sample 00:41

1.187Breath Volume 00:41

Air Blank 00:41 RFI Detect

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3312/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:03

Palm Beach County SO

YOCHUM,CRAIG

07/05/2019

12317080A3

Jupiter PD

OWEN,SUE,S

REES

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.249Subject Sample 00:48

1.769Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.251Subject Sample 00:50

1.523Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2212/09/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:45

Palm Beach County SO

CLEARY,GUS

07/05/2019

12317080A3

FHP Troop L

OWEN,SUE,

ABLES

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

# 1 0.177Subject Sample 02:36

3.234Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.158Subject Sample 02:39

1.812Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:1512/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:57

Palm Beach County SO

YOCHUM,CRAIG

07/05/2019

12317080A3

Jupiter PD

OWEN,SUE,

DEARCIALOPEZ

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.083Control Test 23:55

0.000Air Blank 23:56

# 2 0.215Subject Sample 23:59 Volume Not Met

0.285Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1Subject Sample 00:02 Subject Test Refused

0.000Breath Volume 00:02

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1612/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:13

Palm Beach County SO

SCHNEIDER,JOSHUA

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

MARQUEZ JOYA

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.081Control Test 01:12

0.000Air Blank 01:12

# 1 0.156Subject Sample 01:13

2.441Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.158Subject Sample 01:16

1.820Breath Volume 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3912/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:29

Palm Beach County SO

ROCHA,LUIS

07/05/2019

12317080A3

Jupiter PD

OWEN,SUE,

CHOY

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:36

# 1 0.176Subject Sample 01:40 Volume Not Met

0.226Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.185Subject Sample 01:43

1.523Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 3Subject Sample 01:47 RFI Detect

0.089Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4612/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:29

Palm Beach County SO

ROCHA,LUIS

07/05/2019

12317080A3

Jupiter PD

OWEN,SUE,

CHOY

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

# 1 0.199Subject Sample 01:55

1.886Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.197Subject Sample 01:58

1.621Breath Volume 01:58

0.000Air Blank 01:58

0.078Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:2612/10/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:27

Palm Beach County SO

SCHNEIDER,JOSHUA

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

LOPEZ-PEREZ

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

# 1 0.178Subject Sample 04:05

2.964Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.179Subject Sample 04:08

2.281Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3212/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:12

Palm Beach County SO

FICARRA,CHRISTOPHER

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

WILLIS

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.082Control Test 01:05

0.000Air Blank 01:05

# 1 0.066Subject Sample 01:07

3.363Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.057Subject Sample 01:09

1.652Breath Volume 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:5612/13/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:36

Palm Beach County SO

LEVEY,SCOTT

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

SLENKER

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.082Control Test 03:35

0.000Air Blank 03:35

# 1 0.117Subject Sample 03:37

1.855Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.128Subject Sample 03:41

1.984Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:4112/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:08

Palm Beach County SO

WARREN,SAM

07/05/2019

12317080A3

Palm Beach Gardens

OWEN,SUE,

GREIFER

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.082Control Test 00:00

0.000Air Blank 00:00

# 1 0.174Subject Sample 00:01

2.085Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.174Subject Sample 00:04

2.015Breath Volume 00:04

0.000Air Blank 00:04

0.081Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0312/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:17

Palm Beach County SO

ROBINSON,ROBERT

07/05/2019

12317080A3

Tequesta PD

PALMER,SAMANTHA,M

GREENE

11/17/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

# 1 0.165Subject Sample 04:11

2.625Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.163Subject Sample 04:15

3.347Breath Volume 04:15

0.000Air Blank 04:16

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:17

Data Download Date/Time: 12/15/2017 12:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:2312/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:55

Palm Beach County SO

SORIANO,REYNALDO

07/05/2019

12317080A3

Palm Beach County SO

PARENT,GARY,J

ORELLANA-GARCIA

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:37

# 1 0.102Subject Sample 21:38

2.289Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.107Subject Sample 21:41

3.093Breath Volume 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:0012/15/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:10

Palm Beach County SO

BORROWS,ANDREW

07/05/2019

12317080A3

Jupiter PD

PARENT,GARY,J

RITTER

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.081Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:20

0.082Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:21

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:3312/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:02

Palm Beach County SO

WHITE,EDWARD

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

SANCHEZ MARTINEZ

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.081Control Test 02:45

0.000Air Blank 02:46

# 1 0.090Subject Sample 02:47

1.335Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.099Subject Sample 02:50

1.304Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4612/16/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:33

Palm Beach County SO

WALTON,THOMAS

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

PETTWAY

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.081Control Test 04:04

0.000Air Blank 04:05

# 1 0.119Subject Sample 04:06

2.179Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.114Subject Sample 04:09

2.242Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4312/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:43

Palm Beach County SO

CARMENATE,JOSHUA

07/05/2019

12317080A3

Palm Beach County SO

O'NEAL,SHARI,L

CANA-BALAN

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.082Control Test 02:02

0.000Air Blank 02:02

# 1 0.175Subject Sample 02:05 Volume Not Met

0.152Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.078Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3712/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:24

Palm Beach County SO

BORROWS,ANDREW

07/05/2019

12317080A3

Jupiter PD

O'NEAL,SHARI,L

MULLARKEY

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.133Subject Sample 02:31

1.828Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.112Subject Sample 02:35

1.593Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 3 0.138Subject Sample 02:37

1.304Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:1412/17/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

03:53

Palm Beach County SO

TAVARES,LUCAS

07/05/2019

12317080A3

FHP Troop L

O'NEAL,SHARI,L

GUERRERO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

# 1 0.183Subject Sample 05:01

2.054Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.188Subject Sample 05:04

1.277Breath Volume 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3712/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:55

Palm Beach County SO

GRAVERAN,EMILIO

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

OLIVA

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.082Control Test 02:47

0.000Air Blank 02:47

# 1 0.081Subject Sample 02:49

3.238Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.080Subject Sample 02:52

3.007Breath Volume 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2812/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:06

Palm Beach County SO

CARMENATE,JOSHUA

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

LOPEZ MORALES

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

# 1 0.212Subject Sample 04:13

1.941Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.200Subject Sample 04:16

1.773Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:3012/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:59

18:17

Palm Beach County SO

GUERRIRO,BETH

07/05/2019

12317080A3

Palm Beach Gardens

CAIN,JEANETTE,

EPPOLITO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:25

0.000Air Blank 19:25

0.082Control Test 19:26

0.000Air Blank 19:26

# 1 0.000Subject Sample 19:27

1.128Breath Volume 19:27

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.000Subject Sample 19:30

1.875Breath Volume 19:30

0.000Air Blank 19:30

0.081Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4012/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:47

Palm Beach County SO

FICARRA,CHRISTOPHER

07/05/2019

12317080A3

Palm Beach County SO

CAIN,JEANETTE,

SIMZER

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.081Control Test 20:42

0.000Air Blank 20:42

# 1 0.216Subject Sample 20:43

3.753Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.206Subject Sample 20:46

2.175Breath Volume 20:46

0.000Air Blank 20:46

0.081Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5712/18/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:29

Palm Beach County SO

MACHATE,CHRIS

07/05/2019

12317080A3

Palm Beach PD

BIGGS,JAMES,G

BEGEL

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

# 1Subject Sample 23:32 Slope Not Met

0.878Breath Volume 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0512/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:29

Palm Beach County SO

MACHATE,CHRIS

07/05/2019

12317080A3

Palm Beach PD

BIGGS,JAMES,G

BEGEL

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.082Control Test 23:55

0.000Air Blank 23:55

# 1 0.300Subject Sample 23:56

1.109Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:58

# 2 0.282Subject Sample 23:59

1.535Breath Volume 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2212/19/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:26

Palm Beach County SO

LEVEY,SCOTT

07/05/2019

12317080A3

Palm Beach County SO

BIGGS,JAMES,G

RAJENDRAN

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

# 1 0.177Subject Sample 02:10

1.250Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.183Subject Sample 02:13

1.851Breath Volume 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2312/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:17

Palm Beach County SO

SORIANO,REYNALDO

07/05/2019

12317080A3

Palm Beach County SO

CAIN,JEANETTE,

CAHILL

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:11

# 1 0.342Subject Sample 01:11

2.410Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.341Subject Sample 01:14

2.027Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:0912/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

16:23

Palm Beach County SO

IV,ANDREW

07/05/2019

12317080A3

FHP Troop L

CAIN,JEANETTE,

FRIEDMAN

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:18

0.000Air Blank 18:19

0.081Control Test 18:19

0.000Air Blank 18:20

# 1 0.000Subject Sample 18:20

1.964Breath Volume 18:20

0.000Air Blank 18:21

0.000Air Blank 18:23

# 2 0.000Subject Sample 18:23

1.203Breath Volume 18:23

0.000Air Blank 18:24

0.080Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:5412/20/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:24

Palm Beach County SO

SCARTOZZI,PATRICK

07/05/2019

12317080A3

Palm Beach County SO

CAIN,JEANETTE,

KINKOPF

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.081Control Test 21:19

0.000Air Blank 21:19

# 1 0.048Subject Sample 21:23 Volume Not Met

0.066Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.049Subject Sample 21:26

1.398Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 3 0.054Subject Sample 21:30

2.804Breath Volume 21:30

0.000Air Blank 21:30

0.081Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:3312/22/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:34

05:13

Palm Beach County SO

SCARTOZZI,PATRICK

07/05/2019

12317080A3

Palm Beach County SO

PARENT,GARY,J

DIAS

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.081Control Test 06:03

0.000Air Blank 06:03

# 1 0.166Subject Sample 06:05

1.597Breath Volume 06:05

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.166Subject Sample 06:08

1.796Breath Volume 06:08

0.000Air Blank 06:09

0.079Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:3112/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:47

Palm Beach County SO

FICARRA,CHRISTOPHER

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

WESTOVER-RIVERA

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

# 1 0.184Subject Sample 00:36

1.195Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.171Subject Sample 00:41 Volume Not Met

0.968Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 3 0.187Subject Sample 00:44

1.351Breath Volume 00:44

0.000Air Blank 00:45

0.075Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:11

Palm Beach County SO

TODD,ZION

07/05/2019

12317080A3

FHP Troop L

PALMER,SAMANTHA,M

RAMIREZ

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.273Subject Sample 03:08

1.601Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.296Subject Sample 03:11

1.804Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 3 0.289Subject Sample 03:14

2.335Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:0212/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:49

Palm Beach County SO

CHIQUITO RODRIGUEZ,LENDY

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

MURILLO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.081Control Test 04:44

0.000Air Blank 04:44

# 1 0.050Subject Sample 04:45

1.574Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.049Subject Sample 04:48

2.195Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:50

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:20:5612/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:42

Palm Beach County SO

JENNINGS,DAVON

07/05/2019

12317080A3

Boynton Beach PD

PALMER,SAMANTHA,M

DAMUS

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:13

0.000Air Blank 07:14

0.080Control Test 07:14

0.000Air Blank 07:15

# 1 0.201Subject Sample 07:16

1.312Breath Volume 07:16

0.000Air Blank 07:17

0.000Air Blank 07:18

# 2 0.192Subject Sample 07:19

1.250Breath Volume 07:19

0.000Air Blank 07:20

0.079Control Test 07:20

0.000Air Blank 07:20

OKDiagnostics Check 07:20

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:2412/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:03

16:29

Palm Beach County SO

CLAUDIO,JOSE

07/05/2019

12317080A3

Palm Beach County SO

PARENT,GARY,J

TURNER

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.081Control Test 18:32

0.000Air Blank 18:32

# 1 0.205Subject Sample 18:34

2.457Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2 0.192Subject Sample 18:37

2.191Breath Volume 18:37

0.000Air Blank 18:38

0.077Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4512/23/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:33

Palm Beach County SO

KUBIAK,KRISTOPHER

07/05/2019

12317080A3

Palm Springs PD

PALMER,SAMANTHA,M

CASCO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

# 1Subject Sample 23:31 Slope Not Met

1.410Breath Volume 23:31

0.000Air Blank 23:31

0.081Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:03:4712/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:33

Palm Beach County SO

KUBIAK,KRISTOPHER

07/05/2019

12317080A3

Palm Springs PD

PALMER,SAMANTHA,M

CASCO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.081Control Test 23:58

0.000Air Blank 23:58

# 2 0.261Subject Sample 23:59

2.082Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.260Subject Sample 00:02

1.960Breath Volume 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:03

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:4512/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:52

Palm Beach County SO

ROCHA,LUIS

07/05/2019

12317080A3

Jupiter PD

PALMER,SAMANTHA,M

VASQUEZ LOPEZ

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1 0.170Subject Sample 00:59

2.562Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.161Subject Sample 01:02

2.238Breath Volume 01:02

0.000Air Blank 01:02

0.077Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5012/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:33

Palm Beach County SO

LEVEY,SCOTT

07/05/2019

12317080A3

Palm Beach County SO

PALMER,SAMANTHA,M

COTTO VARGAS

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.090Subject Sample 02:27

2.890Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.087Subject Sample 02:31

1.652Breath Volume 02:31

0.000Air Blank 02:31

0.078Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2412/24/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:12

Palm Beach County SO

TODD,ZION

07/05/2019

12317080A3

FHP Troop L

PALMER,SAMANTHA,M

RAMIREZ SANDOVAL

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.148Subject Sample 03:05 Volume Not Met

0.507Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.150Subject Sample 03:08

2.144Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 3 0.142Subject Sample 03:11

1.429Breath Volume 03:11

0.000Air Blank 03:12

0.078Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:1312/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:18

Palm Beach County SO

RAMIREZ,ARIEL

07/05/2019

12317080A3

Tequesta PD

PARENT,GARY,J

WEBER

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.081Control Test 18:22

0.000Air Blank 18:22

# 1 0.222Subject Sample 18:23

2.929Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:25

# 2 0.220Subject Sample 18:26

3.160Breath Volume 18:26

0.000Air Blank 18:27

0.080Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:5612/26/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

20:58

Palm Beach County SO

POINTU,PATRICK

07/05/2019

12317080A3

Palm Beach County SO

BIGGS,JAMES,G

FRIEDMAN

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:15

# 1 0.000Subject Sample 22:15

1.445Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.000Subject Sample 22:18

1.972Breath Volume 22:18

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:1912/28/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:40

Palm Beach County SO

SCHNEIDER,JOSHUA

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

BELL

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:33

# 1 0.000Subject Sample 00:33

2.769Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.000Subject Sample 00:36

3.382Breath Volume 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 01/19/2018 16:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1912/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

22:55

Palm Beach County SO

GRUEBEL,KARL

07/05/2019

12317080A3

FHP Troop L

OWEN,SUE,

COQUIS

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.082Control Test 00:12

0.000Air Blank 00:13

# 1 0.098Subject Sample 00:13

3.101Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.101Subject Sample 00:16

3.164Breath Volume 00:16

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:4612/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:21

06:52

Palm Beach County SO

CROY,PAUL

07/05/2019

12317080A3

FHP Troop L

OWEN,SUE,

MCCULLEY

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:46

0.000Air Blank 07:47

0.082Control Test 07:47

0.000Air Blank 07:48

# 1 0.205Subject Sample 07:48

2.191Breath Volume 07:48

0.000Air Blank 07:49

0.000Air Blank 07:51

# 2 0.207Subject Sample 07:52

2.261Breath Volume 07:52

0.000Air Blank 07:52

0.081Control Test 07:53

0.000Air Blank 07:53

OKDiagnostics Check 07:53

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:1712/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

14:30

Palm Beach County SO

GUBISH,MATTHEW

07/05/2019

12317080A3

FHP Troop L

SCHAFER,NANCY,M

POUSSIN COLLADO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:39

0.000Air Blank 16:39

0.081Control Test 16:40

0.000Air Blank 16:40

# 1Subject Sample 16:40 Subject Test Refused

0.000Breath Volume 16:40

0.000Air Blank 16:41

0.081Control Test 16:41

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:4012/30/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

22:02

Palm Beach County SO

LEVEY,SCOTT

07/05/2019

12317080A3

Palm Beach County SO

OWEN,SUE,

PAOLILLO

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:03

0.000Air Blank 23:04

# 1 0.091Subject Sample 23:07 Volume Not Met

0.039Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:09

# 2 0.146Subject Sample 23:10

2.214Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 3 0.146Subject Sample 23:14

2.367Breath Volume 23:14

0.000Air Blank 23:14

0.079Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2212/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:12

Palm Beach County SO

CARVER,CAMERON

07/05/2019

12317080A3

Palm Beach Gardens

OWEN,SUE,

SCHWEITZER JR

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.082Control Test 04:28

0.000Air Blank 04:29

# 1 0.112Subject Sample 04:32 Volume Not Met

0.132Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.120Subject Sample 04:35

4.585Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 3 0.121Subject Sample 04:38

4.406Breath Volume 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:4912/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:32

Palm Beach County SO

WHITE,EDWARD

07/05/2019

12317080A3

Palm Beach County SO

BIGGS,JAMES,G

WILLIAMS

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.081Control Test 21:03

0.000Air Blank 21:03

# 1 0.241Subject Sample 21:04

1.816Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:06

# 2 0.224Subject Sample 21:07

2.406Breath Volume 21:07

0.000Air Blank 21:08

0.080Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4112/31/2017

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:28

Palm Beach County SO

MONROIG,ANIBAL

07/05/2019

12317080A3

FHP Troop K

BIGGS,JAMES,G

PODRAY

12/15/2017

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

# 1 0.145Subject Sample 22:50

2.429Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.141Subject Sample 22:54

1.820Breath Volume 22:54

0.000Air Blank 22:54

0.080Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 01/19/2018 16:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


