
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5401/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:24

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2019

19817080A2

Hialeah Gardens PD

HUERTA,EDWIN,

CAJIAO

12/28/2017

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:57

# 1 0.159Subject Sample 00:58

1.667Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.147Subject Sample 01:01

1.328Breath Volume 01:01

0.000Air Blank 01:01

0.078Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 01/30/2018 11:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0001/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:29

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

KUPCIUNAITE

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:52

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:53

0.082Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:54

Data Download Date/Time: 02/01/2018 13:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5301/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:47

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

LAWSON IV

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.082Control Test 02:23

0.000Air Blank 02:24

# 1 0.195Subject Sample 02:24

4.425Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.193Subject Sample 02:27

4.531Breath Volume 02:27

0.000Air Blank 02:28

0.081Control Test 02:28

0.000Air Blank 02:29

FailDiagnostics Check 02:29 Temperature Regulation Test

0.000Air Blank 02:29

Data Download Date/Time: 02/01/2018 13:35

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0301/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:47

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

LAWSON IV

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 02:31 Temperature Regulation Test

0.000Air Blank 02:32

Data Download Date/Time: 02/01/2018 13:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:5201/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:10

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

OROZCO

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/01/2018 13:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:3101/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:27

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

FRATZKE

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.079Control Test 05:55

0.000Air Blank 05:56

# 1 0.000Subject Sample 05:59 Volume Not Met

0.175Breath Volume 05:59

0.000Air Blank 06:00

0.000Air Blank 06:02

# 2 0.205Subject Sample 06:02

1.777Breath Volume 06:02

0.000Air Blank 06:03

0.000Air Blank 06:05

# 3 0.210Subject Sample 06:05

2.230Breath Volume 06:05

0.000Air Blank 06:06

0.078Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 02/01/2018 13:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3201/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:35

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

CAZARES

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.082Control Test 01:33

0.000Air Blank 01:33

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 02/01/2018 13:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0701/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:25

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

PONCE

01/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.174Subject Sample 04:13

1.625Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.164Subject Sample 04:18

1.457Breath Volume 04:18

0.000Air Blank 04:19

0.076Control Test 04:19

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 02/01/2018 13:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:1101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:49

04:30

Jacksonville SO

DOUGHFMAN,D

08/05/2019

17817080A3

Jacksonville SO

SUTTON,BRADEN,J

SMITH

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:11

0.000Air Blank 06:12

0.081Control Test 06:12

0.000Air Blank 06:12

# 1 0.032Subject Sample 06:13

1.402Breath Volume 06:13

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.030Subject Sample 06:16

1.621Breath Volume 06:16

0.000Air Blank 06:17

0.081Control Test 06:17

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:5401/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:30

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

SMITH,A,B

GARCIA OSORIO

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.081Control Test 22:00

0.000Air Blank 22:01

# 1 0.281Subject Sample 22:01

2.003Breath Volume 22:01

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.292Subject Sample 22:04

2.507Breath Volume 22:04

0.000Air Blank 22:04

0.081Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:4101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:20

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

RICKS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:14

# 1 0.190Subject Sample 21:15

2.207Breath Volume 21:15

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.192Subject Sample 21:18

1.597Breath Volume 21:18

0.000Air Blank 21:18

0.081Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1201/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

16:55

Jacksonville SO

GARCIA,J

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

WARRINGTON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.081Control Test 18:26

0.000Air Blank 18:27

# 1 0.250Subject Sample 18:27

2.136Breath Volume 18:27

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.260Subject Sample 18:30

1.824Breath Volume 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:3801/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:00

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

NORMAN

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

# 1 0.160Subject Sample 22:53

1.425Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.165Subject Sample 22:56

1.593Breath Volume 22:56

0.000Air Blank 22:56

0.081Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4901/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

20:10

Jacksonville SO

LANE,C

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

CURTIS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

Air Blank 22:41 RFI Detect

0.000Air Blank 22:41

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:0201/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

20:10

Jacksonville SO

LANE,C

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

CURTIS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

# 1 0.082Subject Sample 23:06

2.359Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.089Subject Sample 23:09

1.769Breath Volume 23:09

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:11

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3601/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

22:27

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

GONZALEZ,J,

SEVESTRE

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.204Subject Sample 00:15

1.507Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.210Subject Sample 00:18

1.570Breath Volume 00:18

0.000Air Blank 00:18

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:1001/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:15

Jacksonville SO

FISETTE,J

08/05/2019

17817080A3

Jacksonville SO

GONZALEZ,J,

HAMILTON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.148Subject Sample 03:01

1.699Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.150Subject Sample 03:04

2.089Breath Volume 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:2601/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

18:00

Jacksonville SO

FISETTE,J

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

BOWLES

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

# 1 0.000Subject Sample 20:05

1.996Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.000Subject Sample 20:08

2.265Breath Volume 20:08

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:4501/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

19:02

Jacksonville SO

FISETE,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,A,B

PUCCI

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:45

# 1Subject Sample 20:45 Subject Test Refused

0.000Breath Volume 20:45

0.000Air Blank 20:45

0.080Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:1601/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:15

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

SMITH,A,B

BISHOP

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

# 1 0.119Subject Sample 22:41

2.687Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.117Subject Sample 22:44

2.968Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:3401/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

18:34

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

JONES

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:31

0.000Air Blank 20:31

0.080Control Test 20:31

0.000Air Blank 20:32

# 1 0.196Subject Sample 20:35 Volume Not Met

0.507Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:37

# 2 0.220Subject Sample 20:41 Volume Not Met

0.917Breath Volume 20:41

0.000Air Blank 20:41

0.078Control Test 20:41

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0801/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

18:47

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

ADAMS,J,T

BRITT

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.078Control Test 21:08

0.000Air Blank 21:09

# 1 0.101Subject Sample 21:10

2.117Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:12

# 2 0.100Subject Sample 21:13

2.078Breath Volume 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:5601/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:30

Jacksonville SO

GABRANG,G.L

08/05/2019

17817080A3

Jacksonville SO

TAYLOR,TIMOTHY,P

GREGORY

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.081Control Test 18:06

0.000Air Blank 18:07

# 1 0.112Subject Sample 18:07

2.835Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:10

# 2 0.118Subject Sample 18:10

2.441Breath Volume 18:10

0.000Air Blank 18:11

0.081Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2401/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

19:38

Jacksonville SO

KEEN,C

08/05/2019

17817080A3

Jacksonville Beach

MURRIELL,E,L

ROLISON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.080Control Test 22:41

0.000Air Blank 22:42

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5401/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:45

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

MURRIELL,E,L

NICHOLS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1 0.153Subject Sample 22:31

1.875Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.159Subject Sample 22:34

1.695Breath Volume 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 01/19/2018 14:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:0301/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:10

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

MURRIELL,E,L

OSHEA

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:23

0.082Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:24

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1801/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:11

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

SUTTON,BRADEN,J

BRICE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.184Subject Sample 03:23

1.933Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.184Subject Sample 03:26

1.332Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

02:46

Jacksonville SO

MOORE,A

08/05/2019

17817080A3

Atlantic Beach PD

SUTTON,BRADEN,J

OXENDINE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.080Control Test 04:49

0.000Air Blank 04:49

# 1 0.224Subject Sample 04:50

3.316Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.227Subject Sample 04:53

3.621Breath Volume 04:53

0.000Air Blank 04:53

0.081Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:2801/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

19:21

Jacksonville SO

MARRERO,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,A,B

BAUSERMAN

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:07

0.080Control Test 21:08

0.000Air Blank 21:08

# 1 0.098Subject Sample 21:09

3.152Breath Volume 21:09

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.096Subject Sample 21:11

2.714Breath Volume 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:4101/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:09

Jacksonville SO

WHEELER,A

08/05/2019

17817080A3

FHP Troop G

SMITH,A,B

TURNER

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:00

0.080Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:1001/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:08

Jacksonville SO

WALLACE,A

08/05/2019

17817080A3

Jacksonville SO

MARTELL,C,D

GEORGE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:10

0.000Air Blank 19:11

0.081Control Test 19:11

0.000Air Blank 19:12

# 1 0.000Subject Sample 19:12

1.378Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.000Subject Sample 19:15

1.460Breath Volume 19:15

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:3001/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

16:30

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

MARTELL,CHRIS,D

HRYNDA

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.081Control Test 19:07

0.000Air Blank 19:08

# 1 0.000Subject Sample 19:08

2.410Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:11

# 2 0.000Subject Sample 19:12

2.679Breath Volume 19:12

0.000Air Blank 19:12

0.081Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:1001/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

20:32

Jacksonville SO

MARRERO,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,A,B

BONET GALAN

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.190Subject Sample 22:40

1.710Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:42

# 2 0.188Subject Sample 22:44

1.488Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 02/01/2018 13:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:0001/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:23

U of Fl PD

MARSEILLE,GERRY

10/05/2019

22817080A4

U of Fl PD

BAIN II,KENNETH,A

MAMMEN

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.077Control Test 03:11

0.000Air Blank 03:11

# 1 0.164Subject Sample 03:13

1.375Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.185Subject Sample 03:16

1.484Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:18

# 3 0.184Subject Sample 03:19

1.128Breath Volume 03:19

0.000Air Blank 03:20

0.077Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:21

Data Download Date/Time: 01/30/2018 15:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2901/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:48

U of Fl PD

GREEN,TAVARUS

10/05/2019

22817080A4

U of Fl PD

STEWART,DILLON,J

HAYES JR

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1601/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:35

U of Fl PD

BECKHAM,MARCUS

10/05/2019

22817080A4

U of Fl PD

BAIN II,KENNETH,A

LOHSE

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.077Control Test 03:24

0.000Air Blank 03:25

# 1 0.188Subject Sample 03:25

1.847Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.202Subject Sample 03:28

2.777Breath Volume 03:28

0.000Air Blank 03:29

0.077Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:2701/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:35

U of Fl PD

MCCORMICK,ERIC

10/05/2019

22817080A4

U of Fl PD

MCCORMICK,ERIC,R

VITA

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.078Control Test 01:38

0.000Air Blank 01:38

# 1Subject Sample 01:39 Subject Test Refused

0.000Breath Volume 01:39

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4901/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:20

U of Fl PD

ALEXANDER,COURTNEY

10/05/2019

22817080A4

U of Fl PD

SHEFFIELD,KHRIS,D

MOORE

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

# 1 0.080Subject Sample 02:21

2.503Breath Volume 02:21

Air Blank 02:21 Improper Sample

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5201/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:23

U of Fl PD

ALEXANDER,C

10/05/2019

22817080A4

U of Fl PD

SHEFFIELD,K,D

MOORE

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:28

# 1 0.082Subject Sample 02:29

3.070Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.082Subject Sample 02:32

2.824Breath Volume 02:32

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2301/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:19

U of Fl PD

GORDON,COREY

10/05/2019

22817080A4

U of Fl PD

ZARATE,JESSICA,L

FALLA

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

Air Blank 03:15 RFI Detect

Air Blank 03:15 RFI Detect

Data Download Date/Time: 01/30/2018 15:21

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4801/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:19

U of Fl PD

GORDON,COREY

10/05/2019

22817080A4

U of Fl PD

ZARATE,JESSICA,L

FALLA

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

Air Blank 03:18 RFI Detect

Air Blank 03:18 RFI Detect

Data Download Date/Time: 01/30/2018 15:21

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0301/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:19

U of Fl PD

GORDON,COREY

10/05/2019

22817080A4

U of Fl PD

ZARATE,JESSICA,L

FALLA

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

Air Blank 03:25 RFI Detect

Air Blank 03:26 RFI Detect

Data Download Date/Time: 01/30/2018 15:21

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4201/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:19

U of Fl PD

GORDON,COREY

10/05/2019

22817080A4

U of Fl PD

ZARATE,JESSICA,L

FALLA

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:29 Subject Test Refused

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.078Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:2801/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

06:56

Gainesville PD

KRAMES,WESLEY

10/05/2019

22817080A4

Alachua County SO

PAGE,DEBRA,J

CLAUSEN

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:36

0.000Air Blank 09:36

0.078Control Test 09:36

0.000Air Blank 09:37

# 1 0.163Subject Sample 09:37

2.558Breath Volume 09:37

0.000Air Blank 09:38

0.000Air Blank 09:40

# 2 0.159Subject Sample 09:40

1.578Breath Volume 09:40

0.000Air Blank 09:41

0.078Control Test 09:41

0.000Air Blank 09:42

OKDiagnostics Check 09:42

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:3301/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

11:18

U of Fl PD

BEGUIRISTAIN,VICTOR

10/05/2019

22817080A4

U of Fl PD

SHEFFIELD,K,D

HALEY

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.077Control Test 00:23

0.000Air Blank 00:23

# 1 0.153Subject Sample 00:24

2.781Breath Volume 00:24

Air Blank 00:24 RFI Detect

Air Blank 00:24 RFI Detect

0.000Air Blank 00:25

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3001/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

11:18

U of Fl PD

BEGUIRISTAIN,VICTOR

10/05/2019

22817080A4

U of Fl PD

SHEFFIELD,K,D

HALEY

12/22/2017

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.076Control Test 00:29

0.000Air Blank 00:30

# 1 0.147Subject Sample 00:31

2.687Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.132Subject Sample 00:34

2.769Breath Volume 00:34

0.000Air Blank 00:35

0.066Control Test 00:35 Control Outside Tolerance

0.000Air Blank 00:36

Data Download Date/Time: 01/30/2018 15:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:14

Gilchrist County SO

WHITAKER,ROBERT

01/12/2019

259585

Gilchrist County SO

DAVIS,JEFFERSON,E

JONES

12/31/2017

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

# 1Subject Sample 01:59 No Sample Provided

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 01/22/2018 21:16

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0501/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:53

FHP Troop B

HOOVER,JESSE

01/12/2019

259585

FHP Troop B

HOOVER,JESSE,W

STRIPLING

01/22/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:32

# 1 0.120Subject Sample 04:33

1.992Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.130Subject Sample 04:36

1.613Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 02/25/2018 23:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:36:5901/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:10

07:21

FHP Troop B

MASH,EARL

01/12/2019

259585

FHP Troop B

MASH,EARL,C

JOHNSON

01/22/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:33

0.000Air Blank 10:34

0.079Control Test 10:34

0.000Air Blank 10:35

# 1Subject Sample 10:35 Subject Test Refused

0.000Breath Volume 10:35

0.000Air Blank 10:36

0.079Control Test 10:36

Air Blank 10:36 RFI Detect

0.000Air Blank 10:36

Data Download Date/Time: 02/25/2018 23:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

18:35

Gilchrist County SO

MURPHY,BLAKE

01/12/2019

259585

Chiefland PD

STALVEY,STEPHEN,W

ENGLISH

01/22/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 02/25/2018 23:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:5701/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:21

FHP Troop G

HILLIARD,KARI

01/05/2019

32316080A3

FHP Troop G

HILLIARD,KARI,A

WALDEN

12/24/2017

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.083Control Test 22:04

0.000Air Blank 22:04

# 1 0.192Subject Sample 22:05

3.277Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.195Subject Sample 22:08

3.609Breath Volume 22:08

0.000Air Blank 22:09

0.083Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 01/31/2018 15:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2501/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

00:10

FHP Troop G

HILLIARD,KARI

01/05/2019

32316080A3

FHP Troop G

HILLIARD,KARI,A

WALKER

12/24/2017

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:19

# 1Subject Sample 01:20 Subject Test Refused

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.081Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 01/31/2018 15:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0801/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:51

Bradford County SO

EHRNREITER,FRANKLIN

07/14/2018

AG619605

Bradford County SO

WILLIAMS,TERRELL,G

RHODEN

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:26

# 1 0.098Subject Sample 22:27

1.238Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.093Subject Sample 22:30

1.246Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/21/2018 13:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:3901/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:06

Bradford County SO

KEEL,CHRISTOPHER

07/14/2018

AG619605

Starke PD

SHILLER,JOSEPH,C

SHELDON

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:43

0.071Control Test 15:44 Control Outside Tolerance

0.000Air Blank 15:44

Data Download Date/Time: 01/21/2018 13:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:3301/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:06

Bradford County SO

KEEL,CHRISTOPHER

07/14/2018

AG619605

Starke PD

SHILLER,JOSEPH,C

SHLEDON

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:46

0.000Air Blank 15:46

0.072Control Test 15:46 Control Outside Tolerance

0.000Air Blank 15:47

Data Download Date/Time: 01/21/2018 13:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:53:0801/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:06

Bradford County SO

KEEL,CHRISTOPHER

07/14/2018

AG619605

Starke PD

SHILLER,JOSEPH,C

SHELDON

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:52

0.071Control Test 15:52 Control Outside Tolerance

0.000Air Blank 15:53

Data Download Date/Time: 01/21/2018 13:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:2201/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:09

FHP Troop G

BRANNON,AARON

07/14/2018

AG619605

FHP Troop G

BRANNON,AARON,K

JULIAN RULFO

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/21/2018 13:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:21:4001/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:06

Bradford County SO

KEEL,CHRISTOPHER

07/14/2018

AG619605

Starke PD

SHILLER,JOSEPH,C

SHELDON

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 16:20

0.000Air Blank 16:20

0.073Control Test 16:21 Control Outside Tolerance

0.000Air Blank 16:21

Data Download Date/Time: 01/21/2018 14:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:3301/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:06

Bradford County SO

KEEL,CHRISTOPHER

07/14/2018

AG619605

Starke PD

SHILLER,JOSEPH,C

SHELDON

12/26/2017

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:27

0.074Control Test 16:27 Control Outside Tolerance

0.000Air Blank 16:28

Data Download Date/Time: 01/21/2018 14:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:2901/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:19

Williston PD

LANDIS,BRYAN

12/10/2018

203498

Williston PD

LANDIS,BRYAN,S

FULLER

12/14/2017

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.081Control Test 20:19

0.000Air Blank 20:19

# 1 0.000Subject Sample 20:20

2.160Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.000Subject Sample 20:23

2.593Breath Volume 20:23

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 01/25/2018 09:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:1501/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

04:10

Williston PD

LONG,KATHY

12/10/2018

203498

Williston PD

LANDIS,BRYAN,S

DANIELS

12/14/2017

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 01/25/2018 09:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:13

Williston PD

LONG,KATHY

12/10/2018

203498

Williston PD

LANDIS,BRYAN,S

MCCLANTON

12/14/2017

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

# 1Subject Sample 22:13 Subject Test Refused

0.000Breath Volume 22:13

0.000Air Blank 22:13

0.080Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 01/25/2018 09:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5101/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:50

Williston PD

ROE,JEREMIAH

12/10/2018

203498

Levy County SO

LANDIS,BRYAN,S

SHELDON

12/14/2017

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.174Subject Sample 00:54

2.125Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:56

# 2 0.176Subject Sample 00:57

2.023Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/25/2018 09:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3301/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

Williston PD

LANDIS,BRYAN

12/10/2018

203498

Williston PD

LANDIS,BRYAN,S

ORTIZ

01/23/2018

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 02/21/2018 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:23

Santa Rosa County SO

TERHUNE,JEREMY

10/24/2018

AG629801

Santa Rosa County SO

TERHUNE,JEREMY,M

HURST

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.000Subject Sample 23:27

1.574Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.000Subject Sample 23:30

1.500Breath Volume 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:32

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:05

Santa Rosa County SO

NASH,JUSTIN

10/24/2018

AG629801

Santa Rosa County SO

NASH,JUSTIN,B

CARTER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:4501/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

21:58

Santa Rosa County SO

KAHALLEY,JAMEY

10/24/2018

AG629801

Santa Rosa County SO

KAHALLEY,JAMEY,J

GONZALES

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

# 1 0.177Subject Sample 23:13

2.921Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.168Subject Sample 23:17

2.066Breath Volume 23:17

0.000Air Blank 23:17

0.078Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:2101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:38

Santa Rosa County SO

DOGGETTE,MASON

10/24/2018

AG629801

Santa Rosa County SO

DOGGETTE,MASON,J

CLARK

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:17 Subject Test Refused

0.000Breath Volume 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1401/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:54

Santa Rosa County SO

TERHUNE,JEREMY

10/24/2018

AG629801

Santa Rosa County SO

TERHUNE,JEREMY,M

MOLINA

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

# 1 0.238Subject Sample 03:42

2.160Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.227Subject Sample 03:45

2.746Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5701/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:56

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

FLANAGAN

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:56

# 1 0.225Subject Sample 04:57

1.722Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 04:59

# 2 0.229Subject Sample 05:00

1.718Breath Volume 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:5301/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:45

Santa Rosa County SO

WELFORD,DERIC

10/24/2018

AG629801

Santa Rosa County SO

WELFORD,DERIC,M

SMITH

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.078Control Test 22:15

0.000Air Blank 22:16

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:16

0.079Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:26

Santa Rosa County SO

HARVOTH,DANIEL

10/24/2018

AG629801

Santa Rosa County SO

HARVOTH,DANIEL,P

ROBERTSON

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.078Control Test 01:14

0.000Air Blank 01:14

# 1 0.226Subject Sample 01:15

1.765Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.230Subject Sample 01:18

1.777Breath Volume 01:18

0.000Air Blank 01:19

0.077Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:1001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:23

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

CANNON

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:27

# 1 0.279Subject Sample 01:28

3.273Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.276Subject Sample 01:31

3.289Breath Volume 01:31

0.000Air Blank 01:32

0.076Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:3501/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:35

Santa Rosa County SO

BENNETT,EDGAR

10/24/2018

AG629801

Santa Rosa County SO

BENNETT,EDGAR,A

CUNNINGHAM

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

# 1 0.293Subject Sample 23:23

2.480Breath Volume 23:23

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.284Subject Sample 23:26

3.800Breath Volume 23:26

0.000Air Blank 23:26

0.077Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:3501/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

12:26

FHP Troop A

WARD,RYAN

10/24/2018

AG629801

FHP Troop A

WARD,RYAN,D

EMMONS

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

Air Blank 05:35 RFI Detect

Air Blank 05:35 RFI Detect

Data Download Date/Time: 02/01/2018 00:06

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:23:2401/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

12:26

FHP Troop A

WARD,RYAN

10/24/2018

AG629801

FHP Troop A

WARD,RYAN,D

EMMONS

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.079Control Test 06:21

0.000Air Blank 06:21

# 1Subject Sample 06:21 Subject Test Refused

0.000Breath Volume 06:21

0.000Air Blank 06:22

0.079Control Test 06:22

Air Blank 06:22 RFI Detect

0.000Air Blank 06:23

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:54

Santa Rosa County SO

AVERY,BAYLEE

10/24/2018

AG629801

Santa Rosa County SO

APPLING,JEFF,M

FORTE

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:08

# 1 0.000Subject Sample 00:09

3.113Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.000Subject Sample 00:12

3.457Breath Volume 00:12

0.000Air Blank 00:12

0.079Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2001/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BRANT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:38

# 1 0.169Subject Sample 00:42 Volume Not Met

0.117Breath Volume 00:42

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.129Subject Sample 00:47 Volume Not Met

0.054Breath Volume 00:47

0.000Air Blank 00:48

0.073Control Test 00:48 Control Outside Tolerance

0.000Air Blank 00:49

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3001/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BRANT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:52

0.000Air Blank 00:52

# 1 0.175Subject Sample 00:55 Volume Not Met

0.085Breath Volume 00:55

0.000Air Blank 00:56

Air Blank 00:58 Improper Sample

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1101/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BRANT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.078Control Test 01:01

0.000Air Blank 01:02

# 1 0.089Subject Sample 01:05 Volume Not Met

0.164Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2Subject Sample 01:10 No Sample Provided

0.000Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BRANT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

# 1 0.168Subject Sample 01:19 Volume Not Met

0.199Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.144Subject Sample 01:25 Volume Not Met

0.160Breath Volume 01:25

0.000Air Blank 01:25

0.076Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1401/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

BRANT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.169Subject Sample 01:37

2.062Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.143Subject Sample 01:42

1.585Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 3 0.154Subject Sample 01:45

1.500Breath Volume 01:45

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2001/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:55

Santa Rosa County SO

CLIFFT,CORY

10/24/2018

AG629801

Milton PD

HOWTON,CARSON,H

WARREN

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.137Subject Sample 02:42

1.121Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.137Subject Sample 02:45

1.316Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:3101/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:18

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

LAND

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:13

# 1 0.262Subject Sample 23:14

1.105Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:38:0101/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:45

Santa Rosa County SO

BOZARD,CHRYSTAL

10/24/2018

AG629801

Santa Rosa County SO

BOZARD,CHRYSTAL,D

FRAZIER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:31

0.000Air Blank 15:32

0.079Control Test 15:32

0.000Air Blank 15:32

# 1 0.274Subject Sample 15:33

3.031Breath Volume 15:33

0.000Air Blank 15:34

0.000Air Blank 15:35

# 2 0.272Subject Sample 15:36

2.363Breath Volume 15:36

0.000Air Blank 15:37

0.079Control Test 15:37

0.000Air Blank 15:37

OKDiagnostics Check 15:38

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:5201/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:36

17:06

Santa Rosa County SO

ROWELL,DAVID

10/24/2018

AG629801

Santa Rosa County SO

ROWELL,DAVID,M

PIDGHIRNII

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:57

0.000Air Blank 17:57

0.079Control Test 17:57

0.000Air Blank 17:58

# 1Subject Sample 18:00 Subject Test Refused

0.000Breath Volume 18:00

0.000Air Blank 18:00

0.079Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:4301/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

19:18

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

BOTT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:15

0.080Control Test 20:15

0.000Air Blank 20:15

# 1 0.133Subject Sample 20:16

1.863Breath Volume 20:16

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.133Subject Sample 20:19

1.589Breath Volume 20:19

0.000Air Blank 20:19

0.080Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3401/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:08

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

NOBLE

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

# 1 0.171Subject Sample 22:55

1.449Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.183Subject Sample 22:59

1.476Breath Volume 22:59

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0601/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:53

Santa Rosa County SO

HUBBARD,NICOLAS

10/24/2018

AG629801

Santa Rosa County SO

HUBBARD,NICOLAS,D

SMITH

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1Subject Sample 03:55 No Sample Provided

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2Subject Sample 04:00 No Sample Provided

0.000Breath Volume 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2501/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:00

Santa Rosa County SO

QUICK,STEPHEN

10/24/2018

AG629801

Santa Rosa County SO

QUICK,STEPHEN,W

SANFILIPPO

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:56 No Sample Provided

0.000Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2Subject Sample 01:59 Subject Test Refused

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:2501/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

03:53

Santa Rosa County SO

QUICK,STEPHEN

10/24/2018

AG629801

Santa Rosa County SO

QUICK,STEPHEN,W

STUCKER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

# 1 0.223Subject Sample 04:50

3.820Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.220Subject Sample 04:52

3.351Breath Volume 04:52

0.000Air Blank 04:53

0.077Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:0301/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

16:51

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

VILLA

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.079Control Test 17:56

0.000Air Blank 17:56

# 1 0.241Subject Sample 17:57

2.316Breath Volume 17:57

0.000Air Blank 17:58

0.000Air Blank 17:59

# 2 0.240Subject Sample 18:00

2.156Breath Volume 18:00

0.000Air Blank 18:01

0.079Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:02

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:56:3301/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

17:48

Santa Rosa County SO

BOZARD,CHRYSTAL

10/24/2018

AG629801

Santa Rosa County SO

BOZARD,CHRYSTAL,D

BREWER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:49

0.000Air Blank 18:50

0.080Control Test 18:50

0.000Air Blank 18:50

# 1 0.167Subject Sample 18:52

2.316Breath Volume 18:52

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2 0.169Subject Sample 18:55

2.203Breath Volume 18:55

0.000Air Blank 18:55

0.079Control Test 18:55

0.000Air Blank 18:56

OKDiagnostics Check 18:56

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5001/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:43

Santa Rosa County SO

HARVOTH,DANIEL

10/24/2018

AG629801

Santa Rosa County SO

HARVOTH,DANIEL,P

FERNANDEZ

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

# 1 0.000Subject Sample 01:52

1.441Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.000Subject Sample 01:55

1.363Breath Volume 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:4501/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:39

14:49

FFWCC (Panama City)

HUTCHINSON,JASON

10/24/2018

AG629801

FFWCC (Panama City)

MOLNAR,JARROD,T

HOLLAND

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:34

0.079Control Test 16:34

0.000Air Blank 16:35

# 1Subject Sample 16:35 Subject Test Refused

0.000Breath Volume 16:35

0.000Air Blank 16:35

0.079Control Test 16:36

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:1801/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:35

Santa Rosa County SO

MILLER,DANNY

10/24/2018

AG629801

Santa Rosa County SO

HOLDER,BRIDGET,J

HOLDER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:27

0.000Air Blank 17:28

0.079Control Test 17:28

0.000Air Blank 17:29

# 1Subject Sample 17:30 Subject Test Refused

0.000Breath Volume 17:30

0.000Air Blank 17:31

0.080Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2601/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:58

Santa Rosa County SO

TUSLER,DANNY

10/24/2018

AG629801

Santa Rosa County SO

TUSLER,DANNY,K

WALKER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3501/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:07

Santa Rosa County SO

HARVOTH,DANIEL

10/24/2018

AG629801

Santa Rosa County SO

HARVOTH,DANIEL,P

PROULX

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.078Control Test 03:03

0.000Air Blank 03:04

# 1 0.134Subject Sample 03:05

2.804Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.140Subject Sample 03:08

2.839Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:5301/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:23

Santa Rosa County SO

CARLSON,JOSHUA

10/24/2018

AG629801

Santa Rosa County SO

CARLSON,JOSHUA,L

PRUETT

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.079Control Test 19:36

0.000Air Blank 19:36

# 1 0.163Subject Sample 19:37

2.421Breath Volume 19:37

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.162Subject Sample 19:40

2.628Breath Volume 19:40

0.000Air Blank 19:40

0.079Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 02/01/2018 00:06

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:22

Santa Rosa County SO

CHAPMAN,MAVERICK

10/24/2018

AG629801

Santa Rosa County SO

CHAPMAN,MAVERICK,E

PIERRE-WARD

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:12

2.453Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:15

2.687Breath Volume 23:15

0.000Air Blank 23:15

0.078Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1501/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

23:33

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

TAYLOR

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

# 1 0.083Subject Sample 01:03

2.238Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.080Subject Sample 01:06

3.335Breath Volume 01:06

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3101/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:45

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

MICHEL

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:0401/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:51

18:16

Santa Rosa County SO

POND,CURTIS

10/24/2018

AG629801

Santa Rosa County SO

HARGITT,JOSHUA,J

COUCH

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:12

0.079Control Test 19:12

0.000Air Blank 19:13

# 1 0.214Subject Sample 19:13

3.339Breath Volume 19:13

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2 0.182Subject Sample 19:16

1.394Breath Volume 19:16

0.000Air Blank 19:17

0.000Air Blank 19:19

# 3 0.206Subject Sample 19:19

2.914Breath Volume 19:19

0.000Air Blank 19:20

0.079Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:21

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:0101/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:55

Santa Rosa County SO

WEAVER,COREY

10/24/2018

AG629801

Santa Rosa County SO

WEAVER,COREY,R

PORTER

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.075Control Test 22:46

0.000Air Blank 22:47

# 1 0.223Subject Sample 22:47

2.484Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.218Subject Sample 22:50

2.335Breath Volume 22:50

0.000Air Blank 22:51

0.078Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:52

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0101/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

22:57

Santa Rosa County SO

COFFELT,DYLAN

10/24/2018

AG629801

Santa Rosa County SO

COFFELT,DYLAN,H

YATES

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.169Subject Sample 02:42

1.246Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.175Subject Sample 02:45

1.617Breath Volume 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 02/01/2018 00:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1701/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

12:26

FHP Troop A

WARD,RYAN

10/24/2018

AG629801

FHP Troop A

WARD,RYAN,D

EMMONS

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.080Control Test 05:43

0.000Air Blank 05:43

# 1Subject Sample 05:43 Subject Test Refused

0.000Breath Volume 05:43

0.000Air Blank 05:44

0.081Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 02/01/2018 00:24

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:3501/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

12:26

FHP Troop A

WARD,RYAN

10/24/2018

AG629801

FHP Troop A

WARD,RYAN,D

EMMONS

12/31/2017

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:14

0.081Control Test 06:15

0.000Air Blank 06:15

# 1Subject Sample 06:15 Subject Test Refused

0.000Breath Volume 06:15

0.000Air Blank 06:16

0.081Control Test 06:16

Air Blank 06:17 RFI Detect

Air Blank 06:17 RFI Detect

Data Download Date/Time: 02/01/2018 00:24

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3001/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:05

Lynn Haven PD

MCGOWIN,JACOB

10/10/2018

AG628401

Bay County SO

MAYFIELD,MATTHEW,E

CASH

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.253Subject Sample 03:07

1.316Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.256Subject Sample 03:10

2.101Breath Volume 03:10

0.000Air Blank 03:11

0.077Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0201/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

01:50

Lynn Haven PD

YOUNG,ALEX

10/10/2018

AG628401

Bay County SO

MAYFIELD,MATTHEW,E

ANGELLE

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

# 1 0.263Subject Sample 03:28

2.257Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.258Subject Sample 03:31

2.335Breath Volume 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:33

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2601/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:21

Bay County SO

PELFREY,PAUL

10/10/2018

AG628401

Panama City Beach PD

RUBEL,NEIL,F

MULLINS

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.172Subject Sample 01:57

2.734Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.177Subject Sample 02:00

2.347Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1501/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:12

Bay County SO

PIERCE,BRAD

10/10/2018

AG628401

Bay County SO

GOBER,JOSHUA,P

PRESCOTT

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

# 1 0.000Subject Sample 03:56

1.402Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.000Subject Sample 03:59

2.164Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:1601/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:02

Bay County SO

RUBEL,NEIL

10/10/2018

AG628401

Bay County SO

RUBEL,NEIL,F

SMITH

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.151Subject Sample 03:10

2.710Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.157Subject Sample 03:13

3.636Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:3601/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:51

Bay County SO

RUBEL,NEIL

10/10/2018

AG628401

Bay County SO

RUBEL,NEIL,F

POSEY

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

# 1 0.206Subject Sample 20:45

1.207Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.204Subject Sample 20:48

1.246Breath Volume 20:48

0.000Air Blank 20:48

0.080Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5001/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

22:07

Bay County SO

PRICE,CARLON

10/10/2018

AG628401

Bay County SO

PRICE,CARLON,E

LINDSEY

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:37

0.000Air Blank 23:38

# 1Subject Sample 23:38 Subject Test Refused

0.000Breath Volume 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2301/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

01:14

Bay County SO

PRICE,CARLON

10/10/2018

AG628401

Bay County SO

PRICE,CARLON,E

POLK

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.081Control Test 02:08

0.000Air Blank 02:08

# 1Subject Sample 02:09 Subject Test Refused

0.000Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1701/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:11

Panama City Beach PD

CHERI,MICHELLE

10/10/2018

AG628401

Panama City Beach PD

CHERI,OFC,M

BEALL

12/22/2017

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

# 1 0.179Subject Sample 02:40

2.269Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.174Subject Sample 02:43

2.386Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 02/16/2018 11:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:19:1701/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

06:28

FHP Troop A

WARD,RYAN

08/04/2019

507129

FHP Troop A

WARD,RYAN,D

BOYKIN

12/15/2017

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:16

0.000Air Blank 08:16

0.083Control Test 08:17

0.000Air Blank 08:17

# 1Subject Sample 08:17 Subject Test Refused

0.000Breath Volume 08:17

0.000Air Blank 08:18

0.082Control Test 08:18

0.000Air Blank 08:19

OKDiagnostics Check 08:19

Data Download Date/Time: 01/18/2018 11:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3901/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

00:10

Walton County SO

BOSCHERT,RYAN

08/04/2019

507129

Walton County SO

ELLLISON,STEVEN,L

HUNTER

12/15/2017

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1Subject Sample 02:24 Subject Test Refused

0.000Breath Volume 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 01/18/2018 11:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1601/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:33

Walton County SO

MICHAELS,GLEN

08/04/2019

507129

Walton County SO

SANDERS,DAVID,O

FIRESTONE

12/15/2017

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.312Subject Sample 00:52

4.167Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.311Subject Sample 00:55

4.070Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/18/2018 11:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4901/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

23:47

Walton County SO

ENFINGER,GARRETT

08/04/2019

507129

Walton County SO

AVERY,JOHN,W

HENDERSON

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.175Subject Sample 01:18

1.675Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.182Subject Sample 01:21

2.371Breath Volume 01:21

0.000Air Blank 01:21

0.086Control Test 01:22 Control Outside Tolerance

0.000Air Blank 01:22

Data Download Date/Time: 02/28/2018 07:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:4801/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

23:47

Walton County SO

ENFINGER,GARRETT

08/04/2019

507129

Walton County SO

AVERY,JOHN,W

HENDERSON

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

# 1 0.168Subject Sample 02:06

2.964Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.157Subject Sample 02:10

2.808Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 02/28/2018 07:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0701/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:47

Walton County SO

ROSE,ALEXIS

08/04/2019

507129

Walton County SO

AVERY,JOHN,W

CHEEK

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.279Subject Sample 23:45 Volume Not Met

0.410Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2Subject Sample 23:48 Subject Test Refused

0.000Breath Volume 23:48

0.000Air Blank 23:49

0.077Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 02/28/2018 07:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:3201/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:39

Walton County SO

WHATMOUGH,CHRIS

08/04/2019

507129

Walton County SO

SMITH,JONATHAN,B

CROSS

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.080Control Test 19:45

0.000Air Blank 19:46

# 1Subject Sample 19:47 Subject Test Refused

0.000Breath Volume 19:47

0.000Air Blank 19:47

0.080Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 02/28/2018 07:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0201/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:08

Walton County SO

COKONOUGHER,ROBERT

08/04/2019

507129

Walton County SO

AVERY,JOHN,W

MEYER

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

# 1 0.309Subject Sample 02:49

4.628Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.314Subject Sample 02:52

4.304Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:54

Data Download Date/Time: 02/28/2018 07:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:5401/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

18:59

Walton County SO

FERNANDEZ,DON

08/04/2019

507129

Walton County SO

SMITH,JONATHAN,B

PULYAEVA

12/15/2017

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:08

0.081Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 01/18/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:5801/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:07

Walton County SO

COKONOUGHER,ROBERT

08/04/2019

507129

Walton County SO

SCHULTZ,JEREMY,J

SPLENDORE

12/15/2017

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.077Control Test 00:00

0.000Air Blank 00:01

# 1 0.182Subject Sample 00:02

3.964Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.187Subject Sample 00:05

3.429Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 01/18/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:52:3501/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

13:23

13:23

Walton County SO

PARK,STEVEN

04/03/2020

754250

Walton County SO

PARK,STEVEN,T

LANASA

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:46

0.000Air Blank 13:47

0.079Control Test 13:47

0.000Air Blank 13:48

# 1 0.000Subject Sample 13:48

1.945Breath Volume 13:48

0.000Air Blank 13:48

0.000Air Blank 13:50

# 2 0.000Subject Sample 13:51

1.582Breath Volume 13:51

0.000Air Blank 13:51

0.079Control Test 13:51

0.000Air Blank 13:52

OKDiagnostics Check 13:52

Data Download Date/Time: 02/28/2018 07:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:4001/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:35

Walton County SO

GUNN,CONNOR

04/03/2020

754250

Walton County SO

PULLINGS,ALLEN,C

OTIS

01/18/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.075Control Test 23:14

0.000Air Blank 23:14

# 1 0.258Subject Sample 23:17

2.046Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.248Subject Sample 23:21

1.562Breath Volume 23:21

0.000Air Blank 23:22

0.078Control Test 23:23 Interferent Detect

0.000Air Blank 23:23

Data Download Date/Time: 02/28/2018 07:53

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:2301/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:10

Okeechobee County SO

ROJAS,LUIS

08/04/2019

507129

Okeechobee PD

POLLOCK,STEVEN,D

GARCIA

12/04/2017

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1Subject Sample 04:42 Subject Test Refused

0.000Breath Volume 04:42

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 01/11/2018 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2701/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:39

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

LEE

12/04/2017

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

# 1 0.144Subject Sample 03:17

1.210Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.154Subject Sample 03:20

1.917Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 01/11/2018 10:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:0201/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:19

15:33

Okeechobee County SO

VULETA,BEN

08/04/2019

507129

Okeechobee County SO

BISHOP,GLEN,A

STARBUCK

01/11/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:39

0.000Air Blank 16:40

0.079Control Test 16:40

0.000Air Blank 16:41

# 1 0.130Subject Sample 16:44 Volume Not Met

1.070Breath Volume 16:44

0.000Air Blank 16:44

0.000Air Blank 16:46

# 2Subject Sample 16:48 Subject Test Refused

1.195Breath Volume 16:48

0.000Air Blank 16:49

0.078Control Test 16:49

0.000Air Blank 16:49

OKDiagnostics Check 16:50

Data Download Date/Time: 02/07/2018 11:57

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:4901/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:59

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

STALANS

01/11/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:49

# 1Subject Sample 22:49 Subject Test Refused

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 02/07/2018 11:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:1901/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:49

Okeechobee County SO

FRANCIS,JESSICA

08/04/2019

507129

Okeechobee County SO

JONES,CARL,C

WILLIAMS

01/11/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1Subject Sample 23:33 Subject Test Refused

0.000Breath Volume 23:33

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 02/07/2018 11:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5201/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:37

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

GRANADOS

01/11/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 02/07/2018 11:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:12:4501/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

06:28

Okeechobee County SO

MILLER,TIMOTHY

08/04/2019

507129

Okeechobee County SO

MILLER,TIMOTHY,J

FERRERO

01/11/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:03

0.000Air Blank 07:03

0.080Control Test 07:04

0.000Air Blank 07:04

# 1Subject Sample 07:07 No Sample Provided

0.000Breath Volume 07:07

0.000Air Blank 07:08

0.000Air Blank 07:10

# 2Subject Sample 07:11 Subject Test Refused

0.000Breath Volume 07:11

0.000Air Blank 07:11

0.080Control Test 07:12

0.000Air Blank 07:12

OKDiagnostics Check 07:12

Data Download Date/Time: 02/07/2018 11:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001322CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:2601/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:45

Okeechobee PD

HOLROYD,RYAN

03/05/2018

04216080A3

Okeechobee PD

HOLROYD,RYAN,D

SANTA ANA-GARCIA

01/14/2018

8100.27

OKEECHOBEE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.078Control Test 03:23

0.000Air Blank 03:23

# 1Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 02/16/2018 14:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:0701/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:06

16:36

Port St. Lucie PD

DENNIS,A

09/05/2019

19817080A1

Port St. Lucie PD

BYRNE,JOSEPH,A

LAZARO

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:26

0.000Air Blank 17:27

0.080Control Test 17:27

0.000Air Blank 17:27

# 1 0.214Subject Sample 17:28

2.734Breath Volume 17:28

0.000Air Blank 17:29

0.000Air Blank 17:30

# 2 0.209Subject Sample 17:31

2.382Breath Volume 17:31

0.000Air Blank 17:32

0.078Control Test 17:32

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:3901/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:33

Port St. Lucie PD

HOLIDAY,ANTRONYANNA

09/05/2019

19817080A1

Port St. Lucie PD

THOMPSON,BRIAN,J

BROWN

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.205Subject Sample 23:28

1.761Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.200Subject Sample 23:32

2.320Breath Volume 23:32

0.000Air Blank 23:32

0.079Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3001/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:48

Port St. Lucie PD

WILLIAMS,MICHAEL

09/05/2019

19817080A1

Port St. Lucie PD

THOMPSON,BRIAN,J

MENDOZA

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

# 1 0.185Subject Sample 00:45

1.222Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.206Subject Sample 00:49

1.101Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:51

# 3Subject Sample 00:52 Subject Test Refused

0.117Breath Volume 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5101/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:10

Port St. Lucie PD

TRUDEAU,RYAN

09/05/2019

19817080A1

Port St. Lucie PD

TRUDEAU,RYAN,S

DAMAS

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

Air Blank 04:08 RFI Detect

0.000Air Blank 04:08

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1501/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:10

Port St. Lucie PD

TRUDEAU,RYAN

09/05/2019

19817080A1

Port St. Lucie PD

TRUDEAU,RYAN,S

DAMAS

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1Subject Sample 04:12 Subject Test Refused

0.000Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:2401/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:04

14:47

Port St. Lucie PD

HARRIS,IAN

09/05/2019

19817080A1

Port St. Lucie PD

HARRIS,IAN,

DENNISON

12/31/2017

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.079Control Test 15:26

0.000Air Blank 15:26

# 1 0.179Subject Sample 15:26

1.988Breath Volume 15:26

0.000Air Blank 15:27

0.000Air Blank 15:29

# 2 0.178Subject Sample 15:29

1.695Breath Volume 15:29

0.000Air Blank 15:30

0.079Control Test 15:30

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 01/30/2018 17:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:4801/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:54

FHP Troop L

IGLESIAS,JORGE

01/23/2020

684131

FHP Troop L

IGLESIAS,JORGE,L

COLLINS

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

# 1 0.226Subject Sample 00:04 Volume Not Met

0.406Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:06

# 2 0.222Subject Sample 00:10 Volume Not Met

0.222Breath Volume 00:10

0.000Air Blank 00:10

0.078Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2201/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:54

FHP Troop L

IGLESIAS,JORGE

01/23/2020

684131

FHP Troop L

IGLESIAS,JORGE,L

COLLINS

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.250Subject Sample 00:16

1.378Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.268Subject Sample 00:19

1.601Breath Volume 00:19

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:5501/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:25

Indian River Co SO

HOILETT,DEPUTY

01/23/2020

684131

Indian River Co SO

RODRIGUEZ,MAEGAN,R

CHAFFERS

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.083Control Test 22:55

0.000Air Blank 22:56

# 1 0.000Subject Sample 22:56

2.031Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.000Subject Sample 22:59

2.050Breath Volume 22:59

0.000Air Blank 23:00

0.082Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:0701/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

18:26

Indian River Co SO

BAUER,B

01/23/2020

684131

Sebastian PD

STOVALL,C,J

CALDWELL

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.082Control Test 21:02

0.000Air Blank 21:02

# 1 0.172Subject Sample 21:03

1.394Breath Volume 21:03

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.164Subject Sample 21:06

2.312Breath Volume 21:06

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4601/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:40

Indian River Co SO

EVANS,Z

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

HART

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:29

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:29

0.081Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4401/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

22:33

Indian River Co SO

EVANS,ZACHARY

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

STEVENS

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

# 1Subject Sample 02:13 No Sample Provided

0.000Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2Subject Sample 02:17 Subject Test Refused

0.035Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5501/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:17

Vero Beach PD

BRASHEARS,ERIC

01/23/2020

684131

Vero Beach PD

KUEHN,KYLE,B

COPPOLA

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.080Control Test 03:10

0.000Air Blank 03:11

# 1 0.164Subject Sample 03:12

2.964Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.157Subject Sample 03:15

2.183Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0901/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:30

Indian River Co SO

FARLESS,G

01/23/2020

684131

Indian River Co SO

RODRIGUEZ,MAEGAN,R

BIONDI

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.082Control Test 20:29

0.000Air Blank 20:29

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 01/30/2018 07:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4401/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:11

Indian River Co SO

OREHOSTKY,G

01/23/2020

684131

Indian River Co SO

HAMILTON,DEVIN,C

GORDON

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:4401/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:38

Indian River Co SO

OREHOSTKY,G

01/23/2020

684131

Indian River Co SO

RODRIGUEZ,MAEGAN,R

STRIBLING

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:55

0.082Control Test 21:55

0.000Air Blank 21:56

# 1 0.164Subject Sample 21:59 Volume Not Met

0.019Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:01

# 2 0.150Subject Sample 22:05 Volume Not Met

0.082Breath Volume 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4901/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:38

Indian River Co SO

OREHOSTKY,G

01/23/2020

684131

Indian River Co SO

RODRIGUEZ,MAEGAN,R

STRIBLING

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1Subject Sample 22:12 Subject Test Refused

0.105Breath Volume 22:12

0.000Air Blank 22:12

0.081Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0201/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:21

Vero Beach PD

BRASHEARS,ERIC

01/23/2020

684131

Vero Beach PD

KUEHN,KYLE,B

BURKE

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:21

# 1 0.256Subject Sample 03:24

1.527Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.281Subject Sample 03:27

2.242Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 3 0.263Subject Sample 03:30

2.289Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:32

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:45:3901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:05

08:46

Indian River Co SO

NEGRON,S

01/23/2020

684131

Indian River Co SO

STOVALL,C,J

TAYLOR

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:42

0.000Air Blank 09:43

0.082Control Test 09:43

0.000Air Blank 09:44

# 1Subject Sample 09:44 Subject Test Refused

0.000Breath Volume 09:44

0.000Air Blank 09:44

0.083Control Test 09:45

0.000Air Blank 09:45

OKDiagnostics Check 09:45

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:1301/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:35

Indian River Co SO

EGGERS,R

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

ALVAREZ

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

# 1 0.189Subject Sample 23:07

1.816Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.188Subject Sample 23:10

3.289Breath Volume 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:0301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:35

Indian River Co SO

EGGERS,R

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

CHAVES

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.081Control Test 23:28

0.000Air Blank 23:28

# 1 0.230Subject Sample 23:32 Volume Not Met

0.988Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2Subject Sample 23:35 Subject Test Refused

1.015Breath Volume 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:37

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3201/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:35

Indian River Co SO

EGGERS,R

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

CHAVES

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:40

# 1 0.223Subject Sample 23:42

1.171Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.207Subject Sample 23:48 Volume Not Met

0.937Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 3 0.207Subject Sample 23:53 Volume Not Met

0.882Breath Volume 23:53

0.000Air Blank 23:54

0.078Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:40

Indian River Co SO

JOERGER,SHANE

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

60=?

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.175Subject Sample 02:34

2.496Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.166Subject Sample 02:37

1.863Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1401/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:30

Indian River Co SO

SKOVSGARD,K

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

PRICE

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:29

0.081Control Test 18:30

0.000Air Blank 18:30

# 1Subject Sample 18:30 Subject Test Refused

0.000Breath Volume 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5401/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:26

Indian River Co SO

EGGERS,R

01/23/2020

684131

Indian River Co SO

WOLSKI,JEFFREY,R

MILES

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:2401/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:58

15:35

Indian River Co SO

MURACA,A

01/23/2020

684131

Indian River Co SO

WHILE,CONCETTA,J

MORRIS

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:21

0.081Control Test 16:22

0.000Air Blank 16:22

# 1 0.267Subject Sample 16:23

1.589Breath Volume 16:23

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.247Subject Sample 16:26

1.246Breath Volume 16:26

0.000Air Blank 16:27

0.081Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:59:5801/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:39

Indian River Co SO

OREHOSTKY,G

01/23/2020

684131

Indian River Co SO

WHILE,CONCETTA,J

CHAVES

12/22/2017

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:53

0.080Control Test 16:53

0.000Air Blank 16:54

# 1 0.115Subject Sample 16:55

1.484Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:57

# 2 0.116Subject Sample 16:58

1.613Breath Volume 16:58

0.000Air Blank 16:59

0.080Control Test 16:59

0.000Air Blank 16:59

OKDiagnostics Check 16:59

Data Download Date/Time: 01/30/2018 07:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:1101/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:44

Indian River Co SO

EGGERS,R

01/23/2020

684131

Indian River Co SO

WILLIAMS,QUINTON,T

HAARDE

01/30/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.081Control Test 21:11

0.000Air Blank 21:11

# 1 0.229Subject Sample 21:12

1.980Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:14

# 2 0.243Subject Sample 21:15

1.519Breath Volume 21:15

0.000Air Blank 21:16

0.081Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 02/09/2018 06:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:2301/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:23

17:58

DeSoto County SO

ROPPOLO,ADAM

02/05/2018

01316080A2

DeSoto County SO

MASSEY,DARRELL,L

HERNANDEZ

12/28/2017

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

# 1 0.301Subject Sample 18:48

2.421Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.302Subject Sample 18:51

3.414Breath Volume 18:51

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 01/24/2018 09:15

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5701/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:59

Sarasota County SO

DANEMAN,A

05/05/2018

09216080A2

Venice PD

NAMORS,JASON,R

VERHURST

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.076Subject Sample 03:09

1.417Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.076Subject Sample 03:13

1.511Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/31/2018 07:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:32:4401/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:10

FHP Troop F

KERR,CALEB

05/05/2018

09216080A2

FHP Troop F

KERR,CALEB,W

RIVERA

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.079Control Test 06:21

0.000Air Blank 06:22

# 1 0.131Subject Sample 06:25 Volume Not Met

0.542Breath Volume 06:25

0.000Air Blank 06:26

0.000Air Blank 06:27

# 2 0.127Subject Sample 06:31 Volume Not Met

0.429Breath Volume 06:31

0.000Air Blank 06:31

0.079Control Test 06:32

0.000Air Blank 06:32

OKDiagnostics Check 06:32

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:4201/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:10

FHP Troop F

KERR,CALEB

05/05/2018

09216080A2

FHP Troop F

KERR,CALEB,W

RIVERA

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:39

0.000Air Blank 06:39

0.079Control Test 06:40

0.000Air Blank 06:40

# 1 0.144Subject Sample 06:41

1.824Breath Volume 06:41

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2 0.146Subject Sample 06:45

1.285Breath Volume 06:45

0.000Air Blank 06:45

0.078Control Test 06:46

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:1501/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:15

Sarasota County SO

DREZNIN,M

05/05/2018

09216080A2

Sarasota PD

FLYNN,MICHAEL,T

MOORE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:05

# 1 0.180Subject Sample 22:06

2.242Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.183Subject Sample 22:09

2.250Breath Volume 22:09

0.000Air Blank 22:10

0.080Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1401/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:18

Sarasota County SO

BALES,OFC

05/05/2018

09216080A2

Sarasota PD

LUBRANO,DEP,

MEDRANO

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.081Control Test 00:02

0.000Air Blank 00:02

# 1 0.179Subject Sample 00:03

1.972Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.167Subject Sample 00:06

1.601Breath Volume 00:06

0.000Air Blank 00:07

0.081Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5801/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:01

Sarasota County SO

KOSTYAL,MATTHEW

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATTHEW,A

CASTILLO

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:29

2.261Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:32

2.484Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:1201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

18:00

FHP Troop F

KERR,CALEB

05/05/2018

09216080A2

FHP Troop F

KERR,CALEB,W

ESPOSITO

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:3401/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:42

FHP Troop F

SHOPE,KOREY

05/05/2018

09216080A2

Venice PD

KERR,CALEB,W

COLLINS

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

# 1 0.121Subject Sample 02:58

2.468Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.127Subject Sample 03:02

3.105Breath Volume 03:02

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5801/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:38

Sarasota County SO

PETERSON,STEFANIE

05/05/2018

09216080A2

Sarasota County SO

PETERSON,STEFANIE,M

MOORE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.155Subject Sample 03:37

2.582Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.152Subject Sample 03:40

2.582Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:5301/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:47

FHP Troop F

ABROMAITIS,MICHAEL

05/05/2018

09216080A2

FHP Troop F

ABROMAITIS,MICHAEL,J

GILLIS

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:41

0.079Control Test 20:41

0.000Air Blank 20:42

# 1 0.262Subject Sample 20:42

1.562Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:44

# 2 0.252Subject Sample 20:45

1.523Breath Volume 20:45

0.000Air Blank 20:45

0.077Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4301/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:45

Sarasota County SO

VERMILLION,OFFICER

05/05/2018

09216080A2

Sarasota PD

RODRIGUEZ,DANIEL,

GARRETT

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

# 1 0.000Subject Sample 00:37

1.832Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.000Subject Sample 00:40

1.894Breath Volume 00:40

0.000Air Blank 00:40

0.080Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:0901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

17:14

FHP Troop F

BOLANOS,HINING

05/05/2018

09216080A2

FHP Troop F

BOLANOS,HINING,

SIERIGK

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.079Control Test 19:36

0.000Air Blank 19:37

# 1 0.000Subject Sample 19:37

3.507Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.000Subject Sample 19:40

3.468Breath Volume 19:40

0.000Air Blank 19:41

0.079Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0501/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:57

Sarasota County SO

STOLL,OFFICER

05/05/2018

09216080A2

Sarasota PD

MENDEZ,DEPUTY,C

SHAFIE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1 0.202Subject Sample 00:45

2.578Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.207Subject Sample 00:48

2.667Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4701/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:03

Sarasota County SO

PUFAHL,G

05/05/2018

09216080A2

Sarasota County SO

PUFAHL,G,

CHILDERS

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1Subject Sample 02:20 No Sample Provided

0.000Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2Subject Sample 02:26 No Sample Provided

0.000Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:4701/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:37

05:23

Sarasota County SO

CARDWELL,TROOPER

05/05/2018

09216080A2

FHP Troop F

MOREIRA,DEPUTY,J

ITURBIDE-JOSE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:59

0.000Air Blank 07:00

0.080Control Test 07:00

0.000Air Blank 07:00

# 1 0.148Subject Sample 07:01

1.281Breath Volume 07:01

0.000Air Blank 07:02

0.000Air Blank 07:03

# 2 0.156Subject Sample 07:04

1.105Breath Volume 07:04

0.000Air Blank 07:04

0.079Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:2601/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:16

FHP Troop F

FLOW,JOSHUA

05/05/2018

09216080A2

FHP Troop F

FLOW,JOSHUA,M

WILSON

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.081Control Test 19:11

0.000Air Blank 19:11

# 1 0.291Subject Sample 19:11

2.992Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.280Subject Sample 19:14

2.175Breath Volume 19:14

0.000Air Blank 19:15

0.079Control Test 19:15

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:4601/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

17:54

FHP Troop F

ABROMAITIS,MICHAEL

05/05/2018

09216080A2

FHP Troop F

ABROMAITIS,MICHAEL,J

MCELFRESH

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1 0.000Subject Sample 19:33

3.289Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 2 0.000Subject Sample 19:36

3.238Breath Volume 19:36

0.000Air Blank 19:36

0.081Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1401/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:46

Sarasota County SO

LAGARCE,OFC

05/05/2018

09216080A2

North Port PD

RODRIGUEZ,DANIEL,

TOOLAN

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.149Subject Sample 02:21

2.039Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.154Subject Sample 02:24

2.144Breath Volume 02:24

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3501/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:00

Sarasota County SO

VERMILLION,OFC.

05/05/2018

09216080A2

Sarasota PD

RODRIGUEZ,DANIEL,

ADAMS

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

# 1 0.205Subject Sample 03:40

1.875Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.212Subject Sample 03:42

1.234Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:5901/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:14

Sarasota County SO

MAJKA,OFFICER

05/05/2018

09216080A2

Venice PD

MENDEZ,DEPUTY,C

MENZ

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.081Control Test 01:20

0.000Air Blank 01:20

# 1 0.344Subject Sample 01:21

4.730Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.362Subject Sample 01:24

4.523Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:41

Sarasota County SO

STOLL,A

05/05/2018

09216080A2

Sarasota PD

NAMORS,JASON,R

SNAPP

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

# 1 0.174Subject Sample 02:39

3.605Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.165Subject Sample 02:42

3.800Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:2001/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

19:50

Sarasota County SO

COX,OFFICER

05/05/2018

09216080A2

North Port PD

MENDEZ,DEPUTY,C

BELCHER

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:15

0.000Air Blank 22:15

# 1 0.183Subject Sample 22:16

1.828Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.178Subject Sample 22:19

1.812Breath Volume 22:19

0.000Air Blank 22:20

0.079Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:33:3501/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:10

Sarasota County SO

BRINTON,DEP

05/05/2018

09216080A2

Sarasota County SO

PRITCHARD,DEP,J

ASHTON

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:27

0.000Air Blank 06:28

0.081Control Test 06:28

0.000Air Blank 06:28

# 1 0.000Subject Sample 06:29

3.183Breath Volume 06:29

0.000Air Blank 06:29

0.000Air Blank 06:31

# 2 0.000Subject Sample 06:32

1.171Breath Volume 06:32

0.000Air Blank 06:32

0.081Control Test 06:32

0.000Air Blank 06:33

OKDiagnostics Check 06:33

Data Download Date/Time: 01/31/2018 07:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:2301/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

19:25

Sarasota County SO

SCHUMANN,DEP

05/05/2018

09216080A2

Sarasota County SO

SCHUMANN,DEP,

SCHWARZ

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:52

2.753Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.000Subject Sample 19:55

3.015Breath Volume 19:55

0.000Air Blank 19:55

0.079Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 01/31/2018 08:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:2001/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

20:14

Sarasota County SO

KOSTYAL,MATT

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATT,A

BAINBRIDGE

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.080Control Test 20:24

0.000Air Blank 20:24

# 1 0.024Subject Sample 20:25

2.925Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.023Subject Sample 20:27

2.808Breath Volume 20:27

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 01/31/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:3901/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

01:03

Sarasota County SO

KOSTYAL,MATT

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATT,A

SMITH

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

# 1 0.124Subject Sample 01:13

1.882Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.120Subject Sample 01:17

1.410Breath Volume 01:17

0.000Air Blank 01:17

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 01/31/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:5701/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:34

Sarasota County SO

KOSTYAL,MATTHEW

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATT,A

MORGAN

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

# 1 0.139Subject Sample 21:41

1.250Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.133Subject Sample 21:45

1.394Breath Volume 21:45

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 01/31/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3501/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

23:25

Sarasota County SO

KOSTYAL,MATT

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATT,A

WACHTL

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.079Control Test 23:31

0.000Air Blank 23:31

# 1 0.147Subject Sample 23:32

1.476Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.142Subject Sample 23:35

1.320Breath Volume 23:35

0.000Air Blank 23:35

0.078Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 01/31/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1401/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:34

Sarasota County SO

KOSTYAL,MATTHEW

05/05/2018

09216080A2

Sarasota County SO

KOSTYAL,MATTHEW,A

DOMBRAUSKAS

12/29/2017

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1 0.184Subject Sample 02:40

1.437Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.181Subject Sample 02:44

1.523Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/31/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0001/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

01:17

Charlotte County SO

MCGOWAN,T

06/05/2018

12716080A6

FHP Troop F

EGAN,MELISSA,

WISE

01/22/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

# 1 0.179Subject Sample 03:18

1.265Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.198Subject Sample 03:22

1.304Breath Volume 03:22

0.000Air Blank 03:23

0.080Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:24

Data Download Date/Time: 01/26/2018 07:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:2201/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:37

Levy County SO

GIRONDA,J

07/14/2018

AG619605

Levy County SO

HINKOFER,ZACHARY,R

MERRITT

12/26/2017

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.081Control Test 22:48

0.000Air Blank 22:48

# 1Subject Sample 22:52 No Sample Provided

0.000Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.189Subject Sample 22:57 Volume Not Met

0.296Breath Volume 22:57

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 01/21/2018 16:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:0201/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

19:26

FFWCC (Lake City)

REID,THOMAS

07/14/2018

AG619605

FFWCC (Lake City)

JOHNSTON,ROBERT,B

FRENCH

01/21/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.081Control Test 20:51

0.000Air Blank 20:51

# 1Subject Sample 20:55 No Sample Provided

0.000Breath Volume 20:55

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2Subject Sample 20:57 Subject Test Refused

0.000Breath Volume 20:57

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:59

Data Download Date/Time: 02/25/2018 16:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:48

Mayport Naval Base

PERKINS,MARCUS

08/05/2019

17817080A3

Mayport Naval Base

POLLOCK,DEREK,V

PAYNE

12/28/2017

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.080Control Test 04:26

0.000Air Blank 04:26

# 1 0.096Subject Sample 04:27

2.808Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:29

# 2 0.099Subject Sample 04:30

2.757Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 01/30/2018 13:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4901/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:28

Mayport Naval Base

TUER,DAVID

08/05/2019

17817080A3

Mayport Naval Base

OCASIO,JOSE,A

MILLER

12/28/2017

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

# 1 0.144Subject Sample 04:06

2.441Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.142Subject Sample 04:09

1.992Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/30/2018 13:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:1801/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:19

Orange County SO

KEANE,PETER

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

SUFFRENA

01/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:12

# 1 0.178Subject Sample 01:12

2.179Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.183Subject Sample 01:17

2.812Breath Volume 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/01/2018 15:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:1501/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

02:33

Orange County SO

HAWKINS,DEB

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

CHARLES

01/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.081Control Test 04:18

0.000Air Blank 04:18

# 1 0.140Subject Sample 04:21

2.312Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.137Subject Sample 04:24

2.113Breath Volume 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 02/01/2018 15:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:5801/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:26

Orange County SO

VAUGHN,JACOB

11/05/2018

26316080A1

FHP Troop D

ELBON,NICHOLAS,C

CASPARI

01/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.082Control Test 05:49

0.000Air Blank 05:50

# 1 0.087Subject Sample 05:50

1.378Breath Volume 05:50

0.000Air Blank 05:51

0.000Air Blank 05:53

# 2 0.090Subject Sample 05:53

2.718Breath Volume 05:53

0.000Air Blank 05:54

0.081Control Test 05:54

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 02/01/2018 15:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001418CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:4801/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:39

Orange County SO

RIVERA,HERIBERTO

11/05/2018

26316080A1

Winter Garden PD

ELBON,NICHOLAS,C

RODRIGUEZ

01/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:48

0.000Air Blank 01:48

# 1 0.274Subject Sample 01:50

1.324Breath Volume 01:50

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.266Subject Sample 01:55

1.558Breath Volume 01:55

0.000Air Blank 01:55

0.081Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 02/01/2018 15:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:0101/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

00:40

Clay County SO

LINEBERRY,S

10/05/2019

22817080A4

Orange Park PD

BRAUNLICH,G,A

LANE III

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.083Control Test 04:08

0.000Air Blank 04:09

# 1 0.000Subject Sample 04:09

1.921Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.000Subject Sample 04:12

2.386Breath Volume 04:12

0.000Air Blank 04:13

0.083Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:14

Data Download Date/Time: 01/14/2018 15:19

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3701/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:22

Clay County SO

WHITE,M

10/05/2019

22817080A4

Clay County SO

BELL,DAKOTA,W

NAGES

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:09

0.000Air Blank 00:10

# 1 0.127Subject Sample 00:11

1.292Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.129Subject Sample 00:16

1.320Breath Volume 00:16

0.000Air Blank 00:16

0.081Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 01/14/2018 15:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4601/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

22:15

Clay County SO

LINEBERRY,S

10/05/2019

22817080A4

Orange Park PD

BELL,DAKOTA,W

NESMITH

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

# 1 0.000Subject Sample 02:05

2.738Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:08

2.769Breath Volume 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/14/2018 15:20

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:0001/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

16:08

Clay County SO

EDMONSEN,M

06/05/2019

09117080A2

Clay County SO

BRAUNLICH,G,A

JACKSON JR

01/14/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:20

# 1 0.129Subject Sample 21:24 Slope Not Level

1.324Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2Subject Sample 21:29 No Sample Provided

0.000Breath Volume 21:29

0.000Air Blank 21:30

0.079Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:31

Data Download Date/Time: 02/19/2018 16:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:5301/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:42

Clay County SO

PRITCHARD,T

06/05/2019

09117080A2

Clay County SO

BRAUNLICH,G,A

WIRTH

01/14/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:26

# 1 0.068Subject Sample 20:27

2.671Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.067Subject Sample 20:30

2.253Breath Volume 20:30

0.000Air Blank 20:30

0.080Control Test 20:31

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 02/19/2018 16:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:3101/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:18

Clay County SO

MATOS,D

06/05/2019

09117080A2

Clay County SO

ALTSTATT,MATTHEW,B

PROVENCHER

01/14/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.081Control Test 21:29

0.000Air Blank 21:30

# 1 0.165Subject Sample 21:30

4.109Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.162Subject Sample 21:34

4.019Breath Volume 21:34

0.000Air Blank 21:34

0.081Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 02/19/2018 16:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2601/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:13

Clay County SO

PRITCHARD,T

06/05/2019

09117080A2

Clay County SO

BELL,DAKOTA,W

RADER

01/14/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.082Control Test 01:59

0.000Air Blank 01:59

# 1 0.178Subject Sample 02:00

1.613Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.179Subject Sample 02:03

1.546Breath Volume 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 02/19/2018 16:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1101/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:12

Clay County SO

CRUZ,C

06/05/2019

09117080A2

Orange Park PD

BELL,DAKOTA,W

CICONE

01/14/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.082Control Test 00:35

0.000Air Blank 00:36

# 1 0.177Subject Sample 00:36

1.585Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.171Subject Sample 00:39

1.582Breath Volume 00:39

0.000Air Blank 00:40

0.081Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/19/2018 16:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:38

Cape Coral PD

JOHNSON,SARAH

11/05/2018

26316080A2

Cape Coral PD

JOHNSON,SARAH,M

BROWN

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.078Control Test 22:23

0.000Air Blank 22:23

# 1Subject Sample 22:24 Subject Test Refused

0.000Breath Volume 22:24

0.000Air Blank 22:24

0.078Control Test 22:24

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:2001/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:02

Cape Coral PD

LOOS,SAVANNAH

11/05/2018

26316080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

THURMAN

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:1201/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:20

Cape Coral PD

CICCHINI,P

02/05/2019

34416080A2

Cape Coral PD

TUCKER,H,E

BOLDUC

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:45

0.000Air Blank 20:46

0.080Control Test 20:46

0.000Air Blank 20:47

# 1 0.184Subject Sample 20:47

1.535Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:49

# 2 0.222Subject Sample 20:50

1.230Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 3 0.218Subject Sample 20:54

1.296Breath Volume 20:54

0.000Air Blank 20:55

0.079Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:2801/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:58

Cape Coral PD

BARKLEY,JEFFREY

02/05/2019

34416080A2

Cape Coral PD

BARKLEY,JEFFREY,G

MOORE

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.079Control Test 00:34

0.000Air Blank 00:34

# 1 0.132Subject Sample 00:35

2.734Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.138Subject Sample 00:39

1.261Breath Volume 00:39

0.000Air Blank 00:39

0.078Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:00:2401/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

14:07

Cape Coral PD

WHIDDEN,T

02/05/2019

34416080A2

Cape Coral PD

KARAU,J.,L

ROGOFF

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:54

0.000Air Blank 14:54

0.080Control Test 14:54

0.000Air Blank 14:55

# 1 0.000Subject Sample 14:55

4.042Breath Volume 14:55

0.000Air Blank 14:56

0.000Air Blank 14:58

# 2 0.000Subject Sample 14:59

3.476Breath Volume 14:59

0.000Air Blank 14:59

0.080Control Test 14:59

0.000Air Blank 15:00

OKDiagnostics Check 15:00

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2601/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:41

Cape Coral PD

SCARLATO,FRANK

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

SMITH

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.164Subject Sample 02:35

2.535Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.154Subject Sample 02:38

2.429Breath Volume 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5101/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:54

Cape Coral PD

GRAY,DANNY

02/05/2019

34416080A2

Cape Coral PD

GRAY,DANNY,W

BROUSSEAU

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.079Control Test 23:39

0.000Air Blank 23:39

# 1 0.183Subject Sample 23:40

2.707Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.184Subject Sample 23:43

2.625Breath Volume 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3901/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:56

Cape Coral PD

JOHNSON,SARAH

11/05/2018

26316080A2

Cape Coral PD

JOHNSON,SARAH,M

SMOLIAK

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

# 1 0.000Subject Sample 02:32

3.171Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:35

3.828Breath Volume 02:35

0.000Air Blank 02:35

0.079Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2901/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:12

Cape Coral PD

SHIPPY,DYLAN

11/05/2018

26316080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

RAHE

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 02:59

# 1 0.289Subject Sample 03:01

1.789Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.262Subject Sample 03:04

1.585Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 3 0.282Subject Sample 03:08

1.605Breath Volume 03:08

0.000Air Blank 03:09

0.077Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0601/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:36

Cape Coral PD

BARKLEY,JEFFREY

02/05/2019

34416080A2

Cape Coral PD

BARKLEY,JEFFREY,G

BURNHAM JR

01/10/2018

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1 0.142Subject Sample 03:17

1.445Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.124Subject Sample 03:20

1.570Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 02/14/2018 08:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:2901/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:23

Palatka PD

NENEZ,MICHAEL

02/05/2018

1316080A2

Putnam County SO

HARMAN,MARIA,E

GLOSSER

01/01/2018

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

# 1Subject Sample 21:49 No Sample Provided

0.000Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2Subject Sample 21:55 No Sample Provided

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/31/2018 20:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001648CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:38

FHP Troop G

STEPHENS,ZACHARY

02/05/2018

01316080A2

FHP Troop G

STEPHENS,ZACHARY,A

WHIPPLE

01/01/2018

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.185Subject Sample 01:10

1.187Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.176Subject Sample 01:13

1.988Breath Volume 01:13

0.000Air Blank 01:14

0.075Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/31/2018 20:48

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5101/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:43

Kenneth City PD

BRUNER,SEAN

05/05/2019

06717080A7

Kenneth City PD

BRUNER,SEAN,R

CASTANEDA

12/29/2017

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.081Control Test 03:20

Air Blank 03:20 RFI Detect

0.000Air Blank 03:20

Data Download Date/Time: 01/30/2018 17:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:3101/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:43

Kenneth City PD

BRUNER,SEAN

05/05/2019

06717080A7

Kenneth City PD

BRUNER,SEAN,R

CASTANEDA

12/29/2017

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.081Control Test 03:23

0.000Air Blank 03:23

# 1Subject Sample 03:24 Subject Test Refused

0.000Breath Volume 03:24

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 01/30/2018 17:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001649CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4601/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:18

Kenneth City PD

BRUNER,SEAN

05/05/2019

06717080A7

Kenneth City PD

BRUNER,SEAN,R

CHACON

12/29/2017

8100.27

KENNETH CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/30/2018 17:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:2101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:52

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

DIENER

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.078Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/17/2018 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:1301/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

05:28

St. Petersburg PD

HAUSAM,MATTHEW

11/05/2018

26316080A2

St. Petersburg PD

WEISKOPF,MICHAEL,D

RELIFORD

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.080Control Test 06:55

0.000Air Blank 06:56

# 1 0.197Subject Sample 06:56

2.828Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.189Subject Sample 06:59

2.140Breath Volume 06:59

0.000Air Blank 07:00

0.080Control Test 07:00

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 01/17/2018 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4501/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:13

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

BRYANT

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

# 1 0.099Subject Sample 03:55

1.292Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.098Subject Sample 03:58

1.375Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/17/2018 08:49

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5501/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:30

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

WALDO,AARON,R

DELICE JR

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:05

0.000Air Blank 00:05

# 1Subject Sample 00:06 Subject Test Refused

0.000Breath Volume 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3801/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:12

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

MILBURN

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:48

0.000Air Blank 00:49

# 1 0.177Subject Sample 00:50

3.410Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.176Subject Sample 00:53

3.511Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0901/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:26

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

WALDO,AARON,R

LEILOUS

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.222Subject Sample 02:01

2.804Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.220Subject Sample 02:04

2.859Breath Volume 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:3301/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:45

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

PERRY

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1Subject Sample 22:20 Subject Test Refused

0.000Breath Volume 22:20

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:3501/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:59

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

CRAIG

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.178Subject Sample 00:46

1.472Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.185Subject Sample 00:50

3.187Breath Volume 00:50

0.000Air Blank 00:50

0.079Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:1101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:45

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

MASON

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:23

# 1Subject Sample 04:27 No Sample Provided

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:5001/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

05:05

St. Petersburg PD

ALLI,ANTHONY

11/05/2018

26316080A2

St. Petersburg PD

WALDO,AARON,R

PERRY-TUCKER

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:25

# 1Subject Sample 05:25 Subject Test Refused

0.000Breath Volume 05:25

0.000Air Blank 05:25

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:28

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

JENNINGS

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1 0.169Subject Sample 00:06

2.042Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.163Subject Sample 00:09

2.425Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:5701/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:49

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

MOUNAJI

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.093Subject Sample 01:32 Volume Not Met

0.050Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.110Subject Sample 01:36

4.683Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 3 0.109Subject Sample 01:39

3.523Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3301/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:18

St. Petersburg PD

KARAYIANES,MICHAEL

11/05/2018

26316080A2

St. Petersburg PD

WALDO,AARON,R

HUBBARD

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.081Control Test 03:58

0.000Air Blank 03:58

# 1 0.147Subject Sample 04:00

1.433Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 2 0.140Subject Sample 04:05

2.078Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:2901/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:44

St. Petersburg PD

MCKENZIE,RONALD

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

MCGOWAN

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:39

0.000Air Blank 17:39

0.079Control Test 17:40

0.000Air Blank 17:40

# 1 0.056Subject Sample 17:41

1.777Breath Volume 17:41

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.053Subject Sample 17:45

2.000Breath Volume 17:45

0.000Air Blank 17:45

0.079Control Test 17:45

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5101/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:05

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

MIRANDA

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:16

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.079Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:42:1001/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:14

13:34

St. Petersburg PD

KING,DOMINIQUE

11/05/2018

26316080A2

St. Petersburg PD

CALLAHAN,WESLEY,S

LAWRENCE

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:38

0.000Air Blank 14:38

0.079Control Test 14:39

0.000Air Blank 14:39

# 1Subject Sample 14:41 Sequence Aborted

0.000Breath Volume 14:41

0.000Air Blank 14:42

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:0501/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:51

St. Petersburg PD

THOMAS,KRISTEN

11/05/2018

26316080A2

St. Petersburg PD

KRONZ,BRIAN,M

SIMMS

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:52

# 1 0.153Subject Sample 19:52

3.660Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.153Subject Sample 19:55

3.898Breath Volume 19:55

0.000Air Blank 19:56

0.079Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:57

Data Download Date/Time: 01/17/2018 08:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4801/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:53

St. Augustine PD

BRICKEY,MICHAEL

11/21/2019

640976

St. Augustine PD

BRICKEY,MICHAEL,D

KINSLOW

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.081Control Test 00:34

0.000Air Blank 00:34

# 1 0.243Subject Sample 00:35

2.343Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.235Subject Sample 00:38

3.308Breath Volume 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:18

St. John's County SO

HALL,SAMUEL

11/21/2019

640976

St. John's County SO

ACKERMAN,JUSTIN,T

GILBERT

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.082Control Test 02:59

0.000Air Blank 03:00

# 1 0.206Subject Sample 03:01

3.558Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.199Subject Sample 03:03

3.398Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:07:2001/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

06:01

St. John's County SO

KELLY,EZKIEL

11/21/2019

640976

St. John's County SO

BELOIT,BRIAN,W

RAILING

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:01

0.000Air Blank 07:01

0.081Control Test 07:02

0.000Air Blank 07:02

# 1 0.000Subject Sample 07:03

2.386Breath Volume 07:03

0.000Air Blank 07:03

0.000Air Blank 07:05

# 2 0.000Subject Sample 07:05

3.121Breath Volume 07:05

0.000Air Blank 07:06

0.082Control Test 07:06

0.000Air Blank 07:07

OKDiagnostics Check 07:07

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:2601/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:25

16:28

FHP Troop G

SASTRE,STACCI

11/21/2019

640976

St. John's County SO

MONTGOMERY,KENNETH,R

CHOI

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.082Control Test 18:46

0.000Air Blank 18:47

# 1 0.189Subject Sample 18:48

2.996Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.181Subject Sample 18:51

1.753Breath Volume 18:51

0.000Air Blank 18:52

0.081Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0101/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:35

St. Augustine PD

DROUIN,CAROLINE

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

DESMARAIS

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:18

# 1Subject Sample 22:18 Interferent Detect

3.046Breath Volume 22:18

0.000Air Blank 22:19

0.082Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:20

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:4001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:35

St. Augustine PD

DROUIN,CAROLINE

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

DESMARAIS

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.082Control Test 22:23

0.000Air Blank 22:23

# 1Subject Sample 22:24 Interferent Detect

2.363Breath Volume 22:24

0.000Air Blank 22:24

0.081Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4601/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:20

St. Augustine PD

DROUIN,CAROLINE

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

DELLOSE

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

# 1 0.189Subject Sample 03:06

2.679Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.165Subject Sample 03:09

1.398Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 3 0.178Subject Sample 03:12

2.062Breath Volume 03:12

0.000Air Blank 03:12

0.081Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2401/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:21

St. John's County SO

KELLY,EZKIEL

11/21/2019

640976

St. John's County SO

BELOIT,BRIAN,W

LESTER

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:17

0.083Control Test 22:18

0.000Air Blank 22:18

# 1Subject Sample 22:23 No Sample Provided

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2Subject Sample 22:26 Subject Test Refused

0.000Breath Volume 22:26

0.000Air Blank 22:26

0.082Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:5001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:05

St. John's County SO

DATSKO,NATHAN

11/21/2019

640976

St. John's County SO

BELOIT,BRIAN,W

GUYOMARD

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.082Control Test 04:32

0.000Air Blank 04:33

# 1 0.180Subject Sample 04:33

1.792Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:35

# 2 0.204Subject Sample 04:36

3.988Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 3 0.184Subject Sample 04:39

2.753Breath Volume 04:39

0.000Air Blank 04:39

0.081Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:4101/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:06

St. Augustine PD

CORREA,JONATHAN

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

COLVIN

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.082Control Test 01:32

0.000Air Blank 01:33

# 1 0.178Subject Sample 01:33

3.921Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.175Subject Sample 01:37

3.714Breath Volume 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5401/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:57

FHP Troop G

MONTGOMERY,KENNETH

11/21/2019

640976

FHP Troop G

MONTGOMERY,KENNETH,R

VELARDO

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:56

# 1 0.000Subject Sample 01:57

1.121Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.000Subject Sample 02:00

2.781Breath Volume 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:1801/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:22

St. Augustine PD

CORREA,JONATHAN

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

ALALSAWWAQ

12/21/2017

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.082Control Test 21:57

0.000Air Blank 21:57

# 1 0.325Subject Sample 21:57

2.238Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.319Subject Sample 22:00

2.277Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 02/01/2018 04:56

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:1201/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

18:33

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

TRENIDAD

12/01/2017

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:53

0.082Control Test 18:53

0.000Air Blank 18:54

# 1 0.089Subject Sample 18:54

3.089Breath Volume 18:54

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.083Subject Sample 18:57

2.683Breath Volume 18:57

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 01/08/2018 17:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


