
80-001000CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:1701/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:37

Cocoa PD

DELOS-SANTOS,B

04/05/2018

06616080A2

Cocoa PD

FRAZIER,JAMES,H

RODRIGUEZ

12/16/2017

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.080Control Test 21:31

0.000Air Blank 21:31

# 1Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:32

0.080Control Test 21:32

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 01/16/2018 21:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3901/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:33

Satellite Beach PD

COCCHIOLA,AUSTIN

12/05/2019

646645

Satellite Beach PD

ANDERSON,ERIC,G

MAGNUSSON

01/19/2018

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.248Subject Sample 02:06

2.363Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.257Subject Sample 02:09

2.355Breath Volume 02:09

0.000Air Blank 02:09

0.077Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 02/27/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001001CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1101/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:16

Satellite Beach PD

ANDERSON,ERIC

12/05/2019

646645

Satellite Beach PD

ANDERSON,ERIC,G

MERRITT

01/19/2018

8100.27

SATELLITE BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

# 1 0.198Subject Sample 01:07

1.554Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.206Subject Sample 01:12

1.535Breath Volume 01:12

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 02/27/2018 07:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1501/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

11:47

Hardee County SO

BOGUSKY,DENNIS

12/10/2018

203498

FHP Troop F

MUSE,RONNIE,L

DUPUIS

12/27/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.185Subject Sample 02:09

2.703Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.173Subject Sample 02:12

1.554Breath Volume 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 01/29/2018 20:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001002CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0101/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:07

Hardee County SO

BRANDEBERRY,JEREMY

12/10/2018

203498

Hardee County SO

MUSE,RONNIE,L

HERNANDEZ MOLINA

12/27/2017

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:41

# 1 0.208Subject Sample 23:42

1.707Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.217Subject Sample 23:45

2.031Breath Volume 23:45

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:47

Data Download Date/Time: 01/29/2018 20:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4901/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:40

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

CAMELIO

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.080Control Test 03:45

0.000Air Blank 03:45

# 1 0.177Subject Sample 03:47

1.460Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.170Subject Sample 03:51

1.914Breath Volume 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:4301/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:30

Pinellas County SO

CONSUEGRA,L

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

CATON

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:31

0.080Control Test 06:31

0.000Air Blank 06:32

# 1 0.173Subject Sample 06:32

2.589Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.175Subject Sample 06:36

1.859Breath Volume 06:36

0.000Air Blank 06:36

0.080Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:28:3501/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:01

13:00

Pinellas County SO

COLLMAN,IAN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

SEGUR

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:22

0.000Air Blank 14:23

0.080Control Test 14:23

0.000Air Blank 14:23

# 1 0.000Subject Sample 14:24

1.921Breath Volume 14:24

0.000Air Blank 14:24

0.000Air Blank 14:26

# 2 0.000Subject Sample 14:27

1.824Breath Volume 14:27

0.000Air Blank 14:27

0.080Control Test 14:27

0.000Air Blank 14:28

OKDiagnostics Check 14:28

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:1701/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:55

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

BOYKINS

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

# 1 0.157Subject Sample 02:32

3.664Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.162Subject Sample 02:35

3.636Breath Volume 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:59:1501/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

14:42

Pinellas County SO

LORING,BLAINE

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

POLING

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.081Control Test 15:44

0.000Air Blank 15:45

# 1 0.000Subject Sample 15:48 Volume Not Met

0.332Breath Volume 15:48

0.000Air Blank 15:48

0.000Air Blank 15:50

# 2 0.000Subject Sample 15:52

1.207Breath Volume 15:52

0.000Air Blank 15:52

0.000Air Blank 15:54

# 3 0.000Subject Sample 15:57 Volume Not Met

0.863Breath Volume 15:57

0.000Air Blank 15:58

0.082Control Test 15:58

0.000Air Blank 15:59

OKDiagnostics Check 15:59

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5401/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:02

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

YOUNG

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.081Control Test 23:58

0.000Air Blank 23:59

# 1 0.076Subject Sample 00:00

1.312Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.076Subject Sample 00:03

1.296Breath Volume 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:3701/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:53

Pinellas County SO

BERGER,CHARLES

10/24/2018

AG629802

Pinellas County SO

BERGER,CHARLES,K

HANNA

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:54

# 1 0.039Subject Sample 01:57

1.878Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.036Subject Sample 02:01

2.394Breath Volume 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:2201/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:05

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

ROUSSEAU

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

# 1 0.142Subject Sample 04:46 Volume Not Met

0.585Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.157Subject Sample 04:49

1.441Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 3 0.164Subject Sample 04:52

1.191Breath Volume 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0901/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:24

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

RODRIGUEZ

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:4101/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:33

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

TUCKER

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:10 No Sample Provided

0.000Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 01/25/2018 22:25

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:3601/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:40

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

ARNOLD

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

# 1 0.000Subject Sample 05:17

1.859Breath Volume 05:17

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.000Subject Sample 05:20

1.496Breath Volume 05:20

0.000Air Blank 05:20

0.080Control Test 05:21

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3601/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:46

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

PORTER

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.081Control Test 00:39

0.000Air Blank 00:40

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.080Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:4001/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:26

Pinellas County SO

LANEY,DAMON

10/24/2018

AG629802

Pinellas County SO

LANEY,DAMON,A

PLUM

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.080Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:5901/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:43

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

VIGIL-PHILIPICH

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.081Control Test 04:25

0.000Air Blank 04:25

# 1 0.129Subject Sample 04:28

1.285Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.127Subject Sample 04:31

1.171Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:4601/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:38

15:13

Pinellas County SO

AMATRUDA,CHRIS

10/24/2018

AG629802

Pinellas County SO

AMATRUDA,CHRIS,G

DAMICO

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:59

0.000Air Blank 15:59

0.081Control Test 16:00

0.000Air Blank 16:00

# 1 0.000Subject Sample 16:02

3.562Breath Volume 16:02

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.000Subject Sample 16:05

3.062Breath Volume 16:05

0.000Air Blank 16:05

0.080Control Test 16:06

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5101/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:28

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

PALACKI

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.081Control Test 00:15

0.000Air Blank 00:15

# 1 0.324Subject Sample 00:16

3.101Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:18

# 2 0.317Subject Sample 00:19

2.789Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2401/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:47

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

NIFONG

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:25

# 1 0.109Subject Sample 03:26

3.507Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.092Subject Sample 03:29

1.316Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:1201/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:18

Pinellas County SO

WEDE,B

10/24/2018

AG629802

Pinellas County SO

ANTHONY,MICHAEL,

BECKHAM OCONNOR

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:10

# 1 0.149Subject Sample 23:10

1.968Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.145Subject Sample 23:13

1.449Breath Volume 23:13

0.000Air Blank 23:14

0.081Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:1301/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:59

Pinellas County SO

GRILL,SHANNON

10/24/2018

AG629802

Pinellas County SO

GRIFFIN,KYLE,A

LEE

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

# 1Subject Sample 20:54 Subject Test Refused

0.000Breath Volume 20:54

0.000Air Blank 20:55

0.081Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:2701/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:22

Pinellas County SO

WILTSE,DEPUTY WILLIAM

10/24/2018

AG629802

Pinellas County SO

WILTSE,DEPUTY WILLIAM,

OLUFEMI

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.121Subject Sample 04:04 Volume Not Met

0.210Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.146Subject Sample 04:07

1.359Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 3 0.150Subject Sample 04:11

1.519Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/25/2018 22:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1701/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:23

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

TAPP

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:17

# 1 0.000Subject Sample 01:18

2.402Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.000Subject Sample 01:21

2.218Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:2701/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:13

Pinellas County SO

BLAIR,RONALD

10/24/2018

AG629802

Pinellas County SO

BLAIR,RONALD,J

SPENCER

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.195Subject Sample 04:08

2.000Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.198Subject Sample 04:11

1.867Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0401/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:29

Pinellas County SO

MOWATT,NATHAN

10/24/2018

AG629802

Pinellas County SO

MOWATT,NATHAN,E

HAMMOCK

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.147Subject Sample 00:22

3.449Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 2 0.146Subject Sample 00:25

2.925Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:27

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0201/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:37

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

CHALMERS

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1 0.048Subject Sample 02:33

2.531Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.040Subject Sample 02:36

2.382Breath Volume 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2401/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:02

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

PATEL

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.149Subject Sample 23:50

2.058Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.148Subject Sample 23:53

2.304Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:3401/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:07

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

FORBUS

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:47

# 1 0.321Subject Sample 02:49

2.746Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.330Subject Sample 02:52

2.058Breath Volume 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4601/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:38

Pinellas County SO

WILTSE,DEPUTY WILLIAM

10/24/2018

AG629802

Pinellas County SO

WILTSE,DEPUTY WILLIAM,

WEEKS

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.177Subject Sample 04:27

3.886Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.179Subject Sample 04:30

3.105Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1201/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:08

Pinellas County SO

GEOGHEGAN,DEPUTY L.

10/24/2018

AG629802

Pinellas County SO

WILTSE,DEPUTY WILLIAM,

HAIMRAJ

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.081Control Test 05:08

0.000Air Blank 05:08

# 1Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001003CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:3801/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:12

Pinellas County SO

PERSAUD,COMPTON

10/24/2018

AG629802

Pinellas County SO

PERSAUD,COMPTON,D

WILSON

01/25/2018

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:54

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:56

0.082Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 02/16/2018 23:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:0701/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

05:53

Pinellas County SO

HOLE,S

10/24/2018

AG629802

Pinellas County SO

HOLE,S,A

RUBIN

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.080Control Test 06:38

0.000Air Blank 06:38

# 1 0.135Subject Sample 06:41 Volume Not Met

0.121Breath Volume 06:41

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2Subject Sample 06:47 No Sample Provided

0.000Breath Volume 06:47

0.000Air Blank 06:48

0.079Control Test 06:48

0.000Air Blank 06:49

OKDiagnostics Check 06:49

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5001/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:38

Pinellas County SO

FRASER,C

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

GRANT

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

Air Blank 03:36 RFI Detect

0.000Air Blank 03:36

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:3101/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:15

Pinellas County SO

FRASER,C

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,J,L

GRANT

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

# 1 0.120Subject Sample 03:42

1.972Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.127Subject Sample 03:45

1.765Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4201/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:57

Pinellas County SO

BELCHER,B

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,JESSICA,L

PICKENPAUGH

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1 0.126Subject Sample 00:47

1.339Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.128Subject Sample 00:52

1.882Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:4501/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:47

Pinellas County SO

GEOGHEGAN,L

10/24/2018

AG629802

Pinellas County SO

ALLAIRE,JESSICA,L

HOLLAND

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 22:00

0.079Control Test 22:00

0.000Air Blank 22:01

# 1Subject Sample 22:01 Subject Test Refused

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.080Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1701/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:49

Pinellas County SO

ELLIS,A

10/24/2018

AG629802

Pinellas County SO

ELLIS,ALEXANDER,M

PRESS

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001005CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2401/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:47

Pinellas County SO

KASELAK,STEPHEN

10/24/2018

AG629802

Pinellas County SO

KASELAK,STEPHEN,G

ZELENAK

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

# 1 0.194Subject Sample 00:47

3.406Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.205Subject Sample 00:50

3.476Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 01/25/2018 20:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1901/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:46

OTHER Local

TURNER,LATORIAN

01/23/2020

684131

OTHER Local

TURNER,LATORIAN,T

REYNOLDS

12/26/2017

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:34

# 1 0.176Subject Sample 03:35

1.343Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:37

# 2 0.207Subject Sample 03:38

1.527Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 3 0.196Subject Sample 03:41

1.601Breath Volume 03:41

0.000Air Blank 03:42

0.083Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 01/10/2018 11:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:1201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:41

Polk County SO

WARREN,BILLY

01/23/2020

684131

Polk County SO

WARREN,BILLY,J

RAMOS-ROSA

01/10/2018

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:36

# 1 0.115Subject Sample 01:38

1.234Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.113Subject Sample 01:41

1.144Breath Volume 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 02/28/2018 06:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001007CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4401/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:12

Haines City PD

DELIMA,EDUARDO

01/23/2020

684131

Haines City PD

DUBLINO,NICK,J

LANDEROS

01/10/2018

8100.27

HAINES CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.082Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:05 Subject Test Refused

0.000Breath Volume 00:05

0.000Air Blank 00:05

0.081Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 02/28/2018 06:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:06

West Melbourne PD

MILIAN,SHAWN

03/05/2018

04216080A3

West Melbourne PD

ABU SOUD,AHMAD,A

CERRITO OLIVARES

01/25/2018

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

# 1 0.204Subject Sample 01:46

2.445Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:48

# 2 0.201Subject Sample 01:49

2.281Breath Volume 01:49

0.000Air Blank 01:49

0.079Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 01/31/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1701/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:35

West Melbourne PD

LEONARD,BRIAN

03/05/2018

04216080A3

West Melbourne PD

ABU SOUD,AHMAD,

TAWEESUK

01/25/2018

8100.27

WEST MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

# 1 0.173Subject Sample 05:04 Volume Not Met

0.085Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2Subject Sample 05:08 Sequence Aborted

0.000Breath Volume 05:08

0.000Air Blank 05:09

Data Download Date/Time: 01/31/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:4901/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:21

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

RISPOLI

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.080Control Test 19:48

0.000Air Blank 19:48

# 1 0.000Subject Sample 19:49

1.394Breath Volume 19:49

0.000Air Blank 19:49

0.000Air Blank 19:51

# 2 0.000Subject Sample 19:52

1.699Breath Volume 19:52

0.000Air Blank 19:52

0.081Control Test 19:53

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:5101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

04:29

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

PARRIS

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

# 1 0.151Subject Sample 05:37

1.394Breath Volume 05:37

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.162Subject Sample 05:41

2.070Breath Volume 05:41

0.000Air Blank 05:41

0.079Control Test 05:42

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:3301/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:29

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

DAVIS

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.080Control Test 22:51

0.000Air Blank 22:51

# 1 0.207Subject Sample 22:52

2.273Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.212Subject Sample 22:54

2.125Breath Volume 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:53

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

KELLY

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.193Subject Sample 01:07

2.117Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:09

# 2 0.184Subject Sample 01:10

2.949Breath Volume 01:10

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:4901/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

23:18

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

LOPEZ AMAYA

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.084Subject Sample 23:27

1.546Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:29

# 2 0.087Subject Sample 23:31

2.464Breath Volume 23:31

0.000Air Blank 23:31

0.079Control Test 23:32

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5601/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:41

Palm Bay PD

HAMILTON,J

10/05/2019

22817080A4

Palm Bay PD

HAMILTON,J,W

MEJIA TOLENTINO

12/26/2017

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

# 1 0.141Subject Sample 03:48

1.894Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:50

# 2 0.144Subject Sample 03:51

2.671Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/30/2018 14:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2501/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:15

Jacksonville SO

DOUGHFMAN,D

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

FOLEY

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.203Subject Sample 00:31

2.097Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.196Subject Sample 00:34

2.027Breath Volume 00:34

0.000Air Blank 00:35

0.077Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:0201/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:30

Jacksonville SO

FISETTE,J

02/05/2018

01316080A2

Jacksonville SO

BAKER,TYLER,R

POWELL

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.080Control Test 20:02

0.000Air Blank 20:02

# 1 0.000Subject Sample 20:03

4.136Breath Volume 20:03

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.000Subject Sample 20:06

3.914Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:08

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:3101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

16:00

Jacksonville SO

MILOWICKI,S

02/05/2018

01316080A2

Jacksonville SO

BAKER,TYLER,R

DHAEMERS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.080Control Test 20:57

0.000Air Blank 20:57

# 1 0.000Subject Sample 20:58

4.039Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.000Subject Sample 21:02

4.324Breath Volume 21:02

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2001/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

18:40

Jacksonville SO

HOOVER,J

02/05/2018

01316080A2

Jacksonville SO

BAKER,TYLER,R

RAMIREZ

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.075Control Test 21:43

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:2801/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:45

Jacksonville SO

FISETTE,J

02/05/2018

01316080A2

Jacksonville SO

BAKER,TYLER,R

RODRIGUEZ

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:01

0.000Air Blank 19:01

0.080Control Test 19:02

0.000Air Blank 19:02

# 1 0.176Subject Sample 19:03

1.109Breath Volume 19:03

0.000Air Blank 19:04

0.000Air Blank 19:05

# 2 0.211Subject Sample 19:06

2.601Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:09

# 3 0.213Subject Sample 19:09

3.492Breath Volume 19:09

0.000Air Blank 19:10

0.077Control Test 19:10

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:1001/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:30

Jacksonville SO

MOELLER,R

02/05/2018

01316080A2

Jacksonville SO

BAKER,TYLER,R

ALF

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

# 1 0.134Subject Sample 21:38

3.558Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.132Subject Sample 21:41

3.222Breath Volume 21:41

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:50

Jacksonville SO

GARCIA,J

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

WRIGHT

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.079Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:2401/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:15

Jacksonville SO

WHITE,J

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

GARCIA

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.082Subject Sample 02:44

1.511Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:46

# 2 0.078Subject Sample 02:48

1.453Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:1601/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:55

05:25

Jacksonville SO

HAWKINS,A

02/05/2018

01316080A2

Jacksonville Beach

CLARIDA,K,M

SHARPE

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:15

0.000Air Blank 08:16

0.079Control Test 08:16

0.000Air Blank 08:17

# 1 0.077Subject Sample 08:17

1.628Breath Volume 08:17

0.000Air Blank 08:18

0.000Air Blank 08:20

# 2 0.064Subject Sample 08:20

1.316Breath Volume 08:20

0.000Air Blank 08:21

0.079Control Test 08:21

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:4801/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:58

Jacksonville SO

BROWN,T

02/05/2018

01316080A2

Jacksonville SO

HAND,JARRETT,D

KING

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

# 1 0.082Subject Sample 03:11

2.160Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.081Subject Sample 03:14

1.769Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:2501/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

02:51

Jacksonville SO

KARPINKSI,CHRISTOPHER

02/05/2018

01316080A2

FHP Troop G

SUTTON,BRADEN,J

OLIVER

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

# 1Subject Sample 04:41 Subject Test Refused

0.000Breath Volume 04:41

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0801/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:53

Jacksonville SO

EANES,J

02/05/2018

01316080A2

Jacksonville SO

ROSEPILER,JONATHAN,M

REID

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:07

# 1 0.209Subject Sample 01:08

1.859Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.192Subject Sample 01:11

2.230Breath Volume 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1101/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

02:15

Jacksonville SO

TORRES,W

02/05/2018

01316080A2

Neptune Beach PD

ROSEPILER,JONATHAN,M

PRITCHARD

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1 0.189Subject Sample 04:14

1.980Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 2 0.190Subject Sample 04:17

2.238Breath Volume 04:17

0.000Air Blank 04:18

0.078Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:2001/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

00:18

Jacksonville SO

FISETTE,J

02/05/2018

01316080A2

Jacksonville SO

AUGUSTINE,G,

LANIER

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:54

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/19/2018 14:28

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4801/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

01:30

Jacksonville SO

JOHNSTON,L

02/05/2018

01316080A2

Jacksonville SO

AUGUSTINE,G,

UMMINGS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.037Subject Sample 03:43

3.546Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.037Subject Sample 03:46

3.820Breath Volume 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/19/2018 14:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3001/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:55

Jacksonville SO

MOELLER,R

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

KERSEY

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

# 1 0.111Subject Sample 03:57

2.367Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.133Subject Sample 04:00

3.968Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 3 0.128Subject Sample 04:03

3.796Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 02/01/2018 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:49

Jacksonville SO

BYRNE,J

02/05/2018

01316080A2

Jacksonville SO

SUTTON,BRADEN,J

JONES

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

# 1 0.214Subject Sample 01:27

1.324Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.214Subject Sample 01:32

1.675Breath Volume 01:32

0.000Air Blank 01:33

0.074Control Test 01:33 Control Outside Tolerance

0.000Air Blank 01:34

Data Download Date/Time: 02/01/2018 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:1901/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

11:50

Jacksonville SO

JONES,M

08/05/2019

17817080A3

Jacksonville SO

DEVEREAUX,MICHAEL,C

PRIBBLE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:06

0.000Air Blank 17:06

0.079Control Test 17:07

0.000Air Blank 17:07

# 1Subject Sample 17:07 Subject Test Refused

0.000Breath Volume 17:07

0.000Air Blank 17:08

0.079Control Test 17:08

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 02/01/2018 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:4401/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

21:50

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

TAYLOR

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.081Control Test 23:35

0.000Air Blank 23:35

# 1 0.135Subject Sample 23:36

3.730Breath Volume 23:36

0.000Air Blank 23:36

0.000Air Blank 23:38

# 2 0.134Subject Sample 23:39

3.289Breath Volume 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

OKDiagnostics Check 23:40

Data Download Date/Time: 02/01/2018 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:0901/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

01:42

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

DEMPSEY

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1 0.141Subject Sample 03:26

2.046Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.132Subject Sample 03:29

1.281Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/01/2018 13:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0201/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

20:58

Jacksonville SO

TBER,TARIQ

08/05/2019

17817080A3

FHP Troop G

BAKER,TYLER,R

BRUMFIELD

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.081Control Test 22:31

0.000Air Blank 22:31

# 1 0.000Subject Sample 22:32

2.695Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.000Subject Sample 22:35

2.804Breath Volume 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:37

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2301/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:04

Jacksonville SO

DAVIS,M

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

RIVERA

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.081Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:5601/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:35

Jacksonville SO

RODRIGUEZ,M

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

OGDEN

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.081Control Test 04:22

0.000Air Blank 04:22

# 1 0.132Subject Sample 04:23

1.464Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.134Subject Sample 04:26

1.121Breath Volume 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:3101/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:00

Jacksonville SO

SCOTT,A

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

RAMIREZ-SANTOS

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

# 1 0.150Subject Sample 04:32

2.441Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.147Subject Sample 04:35

1.953Breath Volume 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0801/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

21:56

Jacksonville SO

DOUGHFMAN,D

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

KILCREASE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.086Subject Sample 23:43

3.546Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.085Subject Sample 23:46

3.425Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:0501/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

22:55

Jacksonville SO

HOOVER,J

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

HAMBY

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

# 1Subject Sample 00:54 Subject Test Refused

0.000Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3601/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:00

Jacksonville SO

DIAZ,C

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

DUARTE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:19

0.000Air Blank 03:19

# 1Subject Sample 03:20 Subject Test Refused

0.000Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5001/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:20

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

OWEN

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1Subject Sample 01:10 Subject Test Refused

0.000Breath Volume 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1201/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:40

Jacksonville SO

FISETTE,J

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

PREJEAN

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 02:59

# 1 0.160Subject Sample 03:00

1.339Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.152Subject Sample 03:03

2.335Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:5401/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:50

Jacksonville SO

WHITE,J

08/05/2019

17817080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

ASANI

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.082Control Test 04:51

0.000Air Blank 04:52

# 1 0.000Subject Sample 04:53

2.121Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.000Subject Sample 04:56

2.308Breath Volume 04:56

0.000Air Blank 04:56

0.081Control Test 04:57

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001018CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:4301/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

22:05

Jacksonville SO

MARRERO,J

08/05/2019

17817080A3

Jacksonville SO

SUTTON,BRADEN,J

REINHART

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/01/2018 13:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4601/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:40

Highlands County SO

SALVADOR,ELDER

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

JUAREZ

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:10

# 1 0.086Subject Sample 00:11

1.902Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.078Subject Sample 00:14

1.179Breath Volume 00:14

0.000Air Blank 00:14

0.077Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:25

Highlands County SO

GENTRY,WILLIAM

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

DUNHAM

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

# 1 0.197Subject Sample 01:00

2.042Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2Subject Sample 01:03 RFI Detect

0.750Breath Volume 01:03

Air Blank 01:03 RFI Detect

0.000Air Blank 01:03

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2401/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:25

Highlands County SO

GENTRY,WILLIAM

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

DUNHAM

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.077Control Test 01:07

0.000Air Blank 01:07

# 1 0.190Subject Sample 01:08

1.859Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.193Subject Sample 01:12

1.734Breath Volume 01:12

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:4501/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:01

Highlands County SO

NEW,STEVE

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

CRUMITY

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.077Control Test 02:32

0.000Air Blank 02:32

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.077Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:14

Highlands County SO

SALVADOR,ELDER

01/05/2019

32316080A3

Highlands County SO

ROE,ROBERT,D

MATHIEU

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.077Control Test 02:57

0.000Air Blank 02:57

# 1 0.007Subject Sample 02:58

3.074Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.000Subject Sample 03:01

2.332Breath Volume 03:01

0.000Air Blank 03:01

0.077Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1401/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:05

Highlands County SO

HODGE,KYLER

01/05/2019

32316080A3

Sebring PD

JONES,WILLIAM,M

FILEHNE

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.079Control Test 20:05

0.000Air Blank 20:06

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:07

0.078Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:1301/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:26

Highlands County SO

SMITH,RYAN

01/05/2019

32316080A3

FFWCC (Lakeland)

RAGOODIAL,TRISTON,T

PITTMAN

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.078Control Test 20:44

0.000Air Blank 20:44

# 1 0.063Subject Sample 20:45

2.164Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.065Subject Sample 20:48

1.792Breath Volume 20:48

0.000Air Blank 20:49

0.078Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001043CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5801/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

12:57

Highlands County SO

MARIN,ADRIAN

01/05/2019

32316080A3

Highlands County SO

RAGOODIAL,TRISTON,T

LOCKLEAR

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.077Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/27/2018 04:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0001/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:58

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

PIEDRAHITA

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

Air Blank 01:43 RFI Detect

0.000Air Blank 01:44

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5301/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:58

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

PIEDRAHITA

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:4301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:41

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

HIDALGO

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:33

# 1 0.122Subject Sample 23:34

2.625Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.118Subject Sample 23:37

1.941Breath Volume 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:0401/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:43

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

MCDONALD

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

# 1 0.179Subject Sample 22:28

1.992Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.180Subject Sample 22:32

2.042Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:34

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:2801/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

20:20

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

STEPHANIK

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:19

# 1Subject Sample 21:20 Subject Test Refused

0.000Breath Volume 21:20

0.000Air Blank 21:20

0.080Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3101/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:10

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

VERA

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

# 1Subject Sample 21:56 Subject Test Refused

0.000Breath Volume 21:56

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:4401/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

22:04

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

TUCKISH

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.079Control Test 22:46

0.000Air Blank 22:47

# 1Subject Sample 22:47 Subject Test Refused

0.000Breath Volume 22:47

0.000Air Blank 22:47

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001044CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1001/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:50

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO

01/31/2020

686331

Coconut Creek Pub Sf

ESCOBAR,ALEJANDRO,

KEENAN

12/27/2017

8100.27

COCONUT CREEK PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

# 1 0.014Subject Sample 00:36

1.683Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.013Subject Sample 00:39

1.691Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 01/29/2018 15:52

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:15

Jacksonville SO

MOELLER,R

11/05/2018

26316080A3

Jacksonville SO

BURNS,D,L

RIGGS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.160Subject Sample 03:43

2.058Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.151Subject Sample 03:46

1.199Breath Volume 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4801/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:54

Jacksonville SO

BYRNE,J

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

PYE

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

# 1 0.077Subject Sample 03:33

1.625Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.075Subject Sample 03:36

3.511Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:1301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:30

Jacksonville SO

COWAN,B

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

HINDS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.079Control Test 05:46

0.000Air Blank 05:46

# 1Subject Sample 05:46 Subject Test Refused

0.000Breath Volume 05:46

0.000Air Blank 05:47

0.079Control Test 05:47

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1301/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:01

Jacksonville SO

EANES,J

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

ROBINSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:2101/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

01:30

Jacksonville SO

BROWN,T

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

BONILLA

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1Subject Sample 03:02 Subject Test Refused

0.000Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:2501/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

02:56

Jacksonville SO

DZAMKO,J

11/05/2018

26316080A2

Neptune Beach PD

POWELL,EDWARD,A

LUDOVICI

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.174Subject Sample 04:34

1.468Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.181Subject Sample 04:37

1.515Breath Volume 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:4801/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

03:35

Jacksonville SO

TAYLOR,T

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

THOMAS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:30

# 1Subject Sample 05:30 Subject Test Refused

0.000Breath Volume 05:30

0.000Air Blank 05:30

0.080Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2401/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

22:45

Jacksonville SO

RODRIGUEZ,M

11/05/2018

26316080A2

Jacksonville SO

POWELL,EDWARD,A

NORMANDIN

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:53 Subject Test Refused

0.000Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 01/19/2018 14:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:42:0601/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:00

Jacksonville SO

MEYER,A

11/05/2018

26316080A3

Jacksonville SO

MACK,C,S

JONES

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:39

0.000Air Blank 15:39

0.081Control Test 15:39

0.000Air Blank 15:40

# 1Subject Sample 15:40 Subject Test Refused

0.000Breath Volume 15:40

0.000Air Blank 15:41

0.080Control Test 15:41

0.000Air Blank 15:42

OKDiagnostics Check 15:42

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:4201/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:24

Jacksonville SO

EANES,J

11/05/2018

26316080A3

Jacksonville SO

MACK,C,S

BABAEIZAER

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

# 1 0.140Subject Sample 19:57

1.285Breath Volume 19:57

0.000Air Blank 19:58

0.000Air Blank 19:59

# 2 0.122Subject Sample 20:02

1.199Breath Volume 20:02

0.000Air Blank 20:02

0.078Control Test 20:03

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4901/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:49

Jacksonville SO

BYRNE,J

11/05/2018

26316080A3

Jacksonville SO

SUTTON,BRADEN,J

JONES

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3301/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:06

Jacksonville SO

BRYANT,R

11/05/2018

26316080A3

Jacksonville SO

CLARIDA,K,M

CUMMINGS

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

# 1Subject Sample 20:27 Subject Test Refused

0.000Breath Volume 20:27

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2401/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

19:48

Jacksonville SO

EANES,J

11/05/2018

26316080A3

Jacksonville SO

MACK,C,S

SHORTRIDGE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

# 1 0.164Subject Sample 21:13

1.425Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.175Subject Sample 21:16

1.140Breath Volume 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001045CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1801/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:32

Jacksonville SO

BRYANT,R

11/05/2018

26316080A3

Jacksonville SO

MACK,C,S

SMITH

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

# 1 0.000Subject Sample 22:22

1.617Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.000Subject Sample 22:25

2.699Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 02/01/2018 13:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5601/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:29

Coral Springs PD

MURDOCK,TROY

03/05/2019

03417080A1

Coral Springs PD

MURDOCK,TROY,J

DE SOUZA

12/20/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.174Subject Sample 02:24

1.863Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.177Subject Sample 02:27

1.683Breath Volume 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/30/2018 13:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001050CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5601/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:31

Coral Springs PD

KABAN,SEAN

03/05/2019

03417080A1

Coral Springs PD

BROADHURST,RYAN,E

FRANCIS

12/20/2017

8100.27

CORAL SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

# 1Subject Sample 00:21 Subject Test Refused

0.000Breath Volume 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 01/30/2018 13:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4801/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:16

St. Petersburg PD

CRUM,ZACKARY

10/05/2019

22817080A4

St. Petersburg PD

SMITH,EMILY,K

BALLENTINE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:3701/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:16

St. Petersburg PD

SMITH,EMILY

10/05/2019

22817080A4

St. Petersburg PD

KARAYIANES,MICHAEL,F

BOGGS

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.079Control Test 04:59

0.000Air Blank 05:00

# 1Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:00

0.078Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:2101/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:33

St. Petersburg PD

WALDO,AARON

10/05/2019

22817080A4

St. Petersburg PD

SMITH,EMILY,K

MILLER

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.078Control Test 04:11

0.000Air Blank 04:11

# 1 0.177Subject Sample 04:14 Volume Not Met

0.304Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.200Subject Sample 04:17

1.382Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 3 0.211Subject Sample 04:22

1.851Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:3301/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:00

St. Petersburg PD

CLARK,BRENT

10/05/2019

22817080A4

St. Petersburg PD

CLARK,BRENT,D

HATFIELD

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

# 1 0.310Subject Sample 20:07

1.707Breath Volume 20:07

0.000Air Blank 20:07

0.000Air Blank 20:09

# 2 0.317Subject Sample 20:10

2.398Breath Volume 20:10

0.000Air Blank 20:10

0.077Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5401/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:06

St. Petersburg PD

CRUM,ZACKARY

10/05/2019

22817080A4

St. Petersburg PD

ALLI,ANTHONY,

FETTING

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.077Control Test 01:46

0.000Air Blank 01:46

# 1 0.133Subject Sample 01:47

5.125Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.129Subject Sample 01:51

2.855Breath Volume 01:51

0.000Air Blank 01:51

0.078Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001051CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5601/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:19

St. Petersburg PD

ZOLLOTA,VLADIMIR

10/05/2019

22817080A4

St. Petersburg PD

ALLI,ANTHONY,

RANDLE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.078Control Test 03:26

0.000Air Blank 03:27

# 1Subject Sample 03:28 Subject Test Refused

0.000Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 02/05/2018 10:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2901/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:17

Nassau County SO

JACKSON,R

05/05/2018

09216080A2

Nassau County SO

WEBB,C,D

EDWARDS

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.082Control Test 02:22

0.000Air Blank 02:22

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.082Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:52:1601/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:08

13:48

Nassau County SO

PAOLILLO,K

05/05/2018

09216080A2

Nassau County SO

FEDDERLY,GARRETT,A

GOBLE

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:49

0.000Air Blank 14:49

0.081Control Test 14:50

0.000Air Blank 14:50

# 1Subject Sample 14:50 Subject Test Refused

0.000Breath Volume 14:50

0.000Air Blank 14:51

0.081Control Test 14:51

0.000Air Blank 14:52

OKDiagnostics Check 14:52

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:5501/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

19:40

18:00

Nassau County SO

CAMPBELL,D

05/05/2018

09216080A2

Nassau County SO

CAMPBELL,D,R

ROCHESTER

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:02

0.000Air Blank 20:03

0.080Control Test 20:03

0.000Air Blank 20:04

# 1 0.000Subject Sample 20:05

2.273Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.000Subject Sample 20:08

2.253Breath Volume 20:08

0.000Air Blank 20:09

0.081Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4001/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

01:45

01:30

Nassau County SO

FISHER,C

05/05/2018

09216080A2

Nassau County SO

CAMPBELL,D,R

CAMPBELL

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:09 No Sample Provided

0.000Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.000Subject Sample 02:15 Volume Not Met

0.070Breath Volume 02:15

0.000Air Blank 02:15

0.082Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:1901/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:37

FHP Troop G

BOWEN,J

05/05/2018

09216080A2

FHP Troop G

CAMPBELL,D,R

WOOD

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.081Control Test 20:20

0.000Air Blank 20:20

# 1Subject Sample 20:20 Subject Test Refused

0.000Breath Volume 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5401/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

22:42

Nassau County SO

MORGAN,J

05/05/2018

09216080A2

FHP Troop G

HIRES,J,L

MILLER

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.081Control Test 00:32

0.000Air Blank 00:32

# 1 0.250Subject Sample 00:33

3.296Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.240Subject Sample 00:37

2.523Breath Volume 00:37

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3601/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

23:49

Nassau County SO

DELACRUZ,M

05/05/2018

09216080A2

Nassau County SO

THORNTON,N,E

NELSON

12/14/2017

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1 0.168Subject Sample 01:29

3.695Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.168Subject Sample 01:32

4.242Breath Volume 01:32

0.000Air Blank 01:32

0.081Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/21/2018 08:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:4501/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:23

Nassau County SO

JACKSON,R

05/05/2018

09216080A2

Nassau County SO

CAMPBELL,D,R

MCGEE

01/21/2018

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:11

0.000Air Blank 18:11

0.080Control Test 18:12

0.000Air Blank 18:12

# 1 0.134Subject Sample 18:15 Volume Not Met

0.699Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.127Subject Sample 18:21 Volume Not Met

0.296Breath Volume 18:21

0.000Air Blank 18:21

0.080Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 02/21/2018 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001053CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:2801/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:42

Nassau County SO

CLIFTON,S

05/05/2018

09216080A2

Nassau County SO

MCNEIL,K,P

ADDY

01/21/2018

8100.27

NASSAU CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.080Control Test 19:16

0.000Air Blank 19:17

# 1 0.158Subject Sample 19:18

2.253Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.156Subject Sample 19:21

2.121Breath Volume 19:21

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 02/21/2018 11:50

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:27:0301/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:00

10:00

Highlands County SO

RAGOODIAL,TRISTON

01/05/2019

32316080A3

Highlands County SO

RAGOODIAL,TRISTON,T

FISHER

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:25

0.000Air Blank 10:25

0.079Control Test 10:26

Air Blank 10:26 RFI Detect

0.000Air Blank 10:27

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:58:2401/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:15

15:15

Highlands County SO

RAGOODIAL,TRISTON

01/05/2019

32316080A3

Highlands County SO

RAGOODIAL,TRISTON,T

BOYD

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:52

0.000Air Blank 15:52

0.080Control Test 15:53

0.000Air Blank 15:53

# 1 0.000Subject Sample 15:54

1.753Breath Volume 15:54

0.000Air Blank 15:54

0.000Air Blank 15:56

# 2 0.000Subject Sample 15:57

1.933Breath Volume 15:57

0.000Air Blank 15:57

0.081Control Test 15:57

0.000Air Blank 15:58

OKDiagnostics Check 15:58

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:4501/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:19

16:19

Highlands County SO

PECK,JOHN

01/05/2019

32316080A3

Highlands County SO

PECK,JOHN,R

FISHER

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:51

0.000Air Blank 16:51

0.080Control Test 16:52

0.000Air Blank 16:52

# 1 0.000Subject Sample 16:53

1.320Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.000Subject Sample 16:56

1.203Breath Volume 16:56

0.000Air Blank 16:56

0.081Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:38:1701/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:46

Highlands County SO

PEARDON,MATTHEW

01/05/2019

32316080A3

Highlands County SO

RAGOODIAL,TRISTON,T

VARGAS

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.082Control Test 16:36

0.000Air Blank 16:36

# 1Subject Sample 16:36 Subject Test Refused

0.000Breath Volume 16:36

0.000Air Blank 16:37

0.082Control Test 16:37

0.000Air Blank 16:38

OKDiagnostics Check 16:38

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:19:1901/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:40

16:40

Highlands County SO

HARRISON,DUSTIN

01/05/2019

32316080A3

Highlands County SO

HARRISON,DUSTIN,J

GRANT

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:13

0.000Air Blank 17:13

0.082Control Test 17:14

0.000Air Blank 17:14

# 1 0.000Subject Sample 17:15

2.453Breath Volume 17:15

0.000Air Blank 17:15

0.000Air Blank 17:17

# 2 0.000Subject Sample 17:17

2.406Breath Volume 17:17

0.000Air Blank 17:18

0.083Control Test 17:18

0.000Air Blank 17:19

OKDiagnostics Check 17:19

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:5301/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:20

09:20

Highlands County SO

LOTT,JOHN

01/05/2019

32316080A3

Highlands County SO

LOTT,JOHN,E

FISHER

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:49

0.000Air Blank 09:50

0.080Control Test 09:50

0.000Air Blank 09:50

# 1 0.000Subject Sample 09:51

1.441Breath Volume 09:51

0.000Air Blank 09:51

0.000Air Blank 09:53

# 2 0.000Subject Sample 09:54

1.746Breath Volume 09:54

0.000Air Blank 09:54

0.082Control Test 09:55

0.000Air Blank 09:55

OKDiagnostics Check 09:55

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:05:4801/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:10

12:00

Highlands County SO

LOTT,JOHN

01/05/2019

32316080A3

Highlands County SO

LOTT,JOHN,E

VAN DER LIKE

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:59

0.000Air Blank 13:00

0.081Control Test 13:00

0.000Air Blank 13:00

# 1 0.000Subject Sample 13:01

2.000Breath Volume 13:01

0.000Air Blank 13:01

0.000Air Blank 13:03

# 2 0.000Subject Sample 13:04

1.625Breath Volume 13:04

0.000Air Blank 13:04

0.081Control Test 13:05

0.000Air Blank 13:05

OKDiagnostics Check 13:05

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:5001/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:01

Highlands County SO

GARRISON,J

01/05/2019

32316080A3

Highlands County SO

MARLOW,ROYCE',B

HILL

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.080Control Test 22:53

0.000Air Blank 22:53

# 1 0.048Subject Sample 22:54

1.382Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.048Subject Sample 22:57

2.015Breath Volume 22:57

0.000Air Blank 22:57

0.081Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 01/27/2018 03:10

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1201/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:23

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

MARLOW,ROYCE,B

CORTES

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5101/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:48

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

KEEFE,JAYME',W

REEDY

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.121Subject Sample 03:31

1.203Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.124Subject Sample 03:35

1.511Breath Volume 03:35

0.000Air Blank 03:35

0.082Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1501/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:26

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

MARLOW,ROYCE,B

WEIL

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

# 1Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:44:3301/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

16:00

16:00

Highlands County SO

PECK,JOHN

01/05/2019

32316080A3

Highlands County SO

PECK,JOHN,R

FISHER

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

0.000Air Blank 16:38

0.080Control Test 16:39

0.000Air Blank 16:39

# 1 0.000Subject Sample 16:40

1.292Breath Volume 16:40

0.000Air Blank 16:40

0.000Air Blank 16:42

# 2 0.000Subject Sample 16:43

1.113Breath Volume 16:43

0.000Air Blank 16:43

0.081Control Test 16:43

0.000Air Blank 16:44

OKDiagnostics Check 16:44

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:5001/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:30

15:30

Highlands County SO

PECK,JOHN

01/05/2019

32316080A3

Highlands County SO

PECK,JOHN,R

VANDERLIKE

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:06

0.000Air Blank 16:06

0.080Control Test 16:07

0.000Air Blank 16:07

# 1 0.000Subject Sample 16:08

1.605Breath Volume 16:08

0.000Air Blank 16:08

0.000Air Blank 16:10

# 2 0.000Subject Sample 16:11

1.574Breath Volume 16:11

0.000Air Blank 16:11

0.081Control Test 16:12

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:3601/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:28

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

HINISH,BARRY,A

REYNOLDS

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.082Control Test 02:18

0.000Air Blank 02:19

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:19

0.082Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:15:5901/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:45

00:00

Highlands County SO

NONE,NONE

01/05/2019

32316080A3

Highlands County SO

ROBLES,J,

GRANT

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:10

0.000Air Blank 13:10

0.081Control Test 13:10

0.000Air Blank 13:11

# 1 0.000Subject Sample 13:11

2.800Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.000Subject Sample 13:14

2.480Breath Volume 13:14

0.000Air Blank 13:15

0.081Control Test 13:15

0.000Air Blank 13:15

OKDiagnostics Check 13:15

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:32:3801/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

08:00

08:00

Highlands County SO

HOLMES,K

01/05/2019

32316080A3

Highlands County SO

HOLMES,K,L

FISHER

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:26

0.000Air Blank 08:26

0.081Control Test 08:27

0.000Air Blank 08:27

# 1 0.000Subject Sample 08:28

1.480Breath Volume 08:28

0.000Air Blank 08:28

0.000Air Blank 08:30

# 2 0.000Subject Sample 08:31

1.742Breath Volume 08:31

0.000Air Blank 08:31

0.080Control Test 08:32

0.000Air Blank 08:32

OKDiagnostics Check 08:32

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:4501/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

17:10

17:10

Highlands County SO

SNELL,C

01/05/2019

32316080A3

Highlands County SO

SNELL,COREY,J

GRANT

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:37

0.000Air Blank 17:38

0.079Control Test 17:38

0.000Air Blank 17:39

# 1 0.000Subject Sample 17:39

1.738Breath Volume 17:39

0.000Air Blank 17:40

0.000Air Blank 17:42

# 2 0.000Subject Sample 17:42

1.558Breath Volume 17:42

0.000Air Blank 17:42

0.080Control Test 17:43

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:4701/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:42

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

GLASCO,GREGORY,S

HILL

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

# 1 0.177Subject Sample 22:22

1.363Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 2 0.173Subject Sample 22:25

1.355Breath Volume 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:1501/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

12:13

Highlands County SO

CUTALO,MIKE

01/05/2019

32316080A3

Sebring PD

GLASCO,GREGORY,S

BANKS

12/30/2017

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.081Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/27/2018 03:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:1601/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:30

15:30

Highlands County SO

ABELN,SHON

01/05/2019

32316080A3

Highlands County SO

ABELN,SHON,W

GRANT

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:04

0.000Air Blank 16:04

0.082Control Test 16:05

0.000Air Blank 16:05

# 1 0.000Subject Sample 16:06

2.683Breath Volume 16:06

0.000Air Blank 16:06

0.000Air Blank 16:08

# 2 0.000Subject Sample 16:08

2.480Breath Volume 16:08

0.000Air Blank 16:09

0.080Control Test 16:09

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2701/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

12:50

Highlands County SO

GARRISON,JOHN

01/05/2019

32316080A3

Highlands County SO

VAUGHN,DALE,E

GOMEZ

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0801/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:31

Highlands County SO

BRAND,RYAN

01/05/2019

32316080A3

Highlands County SO

HINISH,BARRY,A

GIFFORD

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.080Control Test 03:13

0.000Air Blank 03:13

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0601/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

08:58

Highlands County SO

BOGUSKY,DENNIS

01/05/2019

32316080A3

FHP Troop F

GLASCO,GREGORY,S

PEREZ

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

# 1 0.243Subject Sample 01:42

2.003Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.246Subject Sample 01:45

2.117Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:08:1201/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

10:38

10:38

Highlands County SO

HOLMES,K

01/05/2019

32316080A3

Highlands County SO

HOLMES,K,L

FISHER

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

0.000Air Blank 11:02

0.081Control Test 11:02

0.000Air Blank 11:03

# 1 0.000Subject Sample 11:03

1.675Breath Volume 11:03

0.000Air Blank 11:04

0.000Air Blank 11:06

# 2 0.000Subject Sample 11:06

1.125Breath Volume 11:06

0.000Air Blank 11:07

0.081Control Test 11:07

0.000Air Blank 11:08

OKDiagnostics Check 11:08

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001054CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:5301/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:00

Highlands County SO

VAUGHN,DALE

01/05/2019

32316080A3

Highlands County SO

VAUGHN,DALE,E

GRANT

01/27/2018

8100.27

HIGHLANDS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:16

0.000Air Blank 18:17

0.081Control Test 18:17

0.000Air Blank 18:18

# 1 0.000Subject Sample 18:18

2.410Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:21

# 2 0.000Subject Sample 18:21

2.511Breath Volume 18:21

0.000Air Blank 18:21

0.081Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 02/24/2018 01:30

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:0801/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:39

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

HILL

01/23/2018

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 02/26/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:55

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

SCONIERS

01/23/2018

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.161Subject Sample 03:25

2.148Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.147Subject Sample 03:29

1.675Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/26/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:1601/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:34

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

GHANT

01/23/2018

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:31

0.000Air Blank 01:32

# 1 0.211Subject Sample 01:32

1.703Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.209Subject Sample 01:35

1.843Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 02/26/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:1501/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:19

Lakeland PD

SUTTLE,CORY

08/05/2019

17817080A3

Lakeland PD

SUTTLE,CORY,A

MATTHEWS

01/23/2018

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.148Subject Sample 21:53

1.394Breath Volume 21:53

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.146Subject Sample 21:56

1.167Breath Volume 21:56

0.000Air Blank 21:57

0.078Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 02/26/2018 11:11

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1601/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:11

Winter Haven PD

BOONE,BRANDON

06/05/2018

12716080A7

Winter Haven PD

BOONE,BRANDON,S

MIDGETT

12/12/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:45

0.082Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 01/16/2018 16:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2201/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

23:10

Winter Haven PD

CORLEY,KRISTOPHER

06/05/2018

12716080A7

Winter Haven PD

GRANTHAM,CODY,W

GLASS

12/12/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:52

0.082Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 01/16/2018 16:02

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:1301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:59

12:39

Winter Haven PD

DENTEL,JOSHUA

06/05/2018

12716080A7

Winter Haven PD

LANGO,MICHAEL,T

RANDALL

12/12/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 13:23

0.000Air Blank 13:23

0.082Control Test 13:24

0.000Air Blank 13:24

# 1 0.196Subject Sample 13:25

2.289Breath Volume 13:25

Air Blank 13:26 Purge Fail

Air Blank 13:27 Purge Fail

Data Download Date/Time: 01/16/2018 16:02

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:36:3201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:59

12:38

Winter Haven PD

DENTEL,JOSHUA

06/05/2018

12716080A7

Winter Haven PD

LANGO,MICHAEL,T

RANDALL

12/12/2017

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:30

0.000Air Blank 13:30

0.081Control Test 13:30

0.000Air Blank 13:31

# 1 0.186Subject Sample 13:31

2.707Breath Volume 13:31

0.000Air Blank 13:32

0.000Air Blank 13:34

# 2 0.188Subject Sample 13:34

2.355Breath Volume 13:34

0.000Air Blank 13:35

0.083Control Test 13:35

0.000Air Blank 13:36

OKDiagnostics Check 13:36

Data Download Date/Time: 01/16/2018 16:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:3701/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:58

Winter Haven PD

GRANTHAM,CODY

06/05/2018

12716080A7

Winter Haven PD

GRANTHAM,CODY,W

EKLUND

01/16/2018

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 02/28/2018 10:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001060CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:2101/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:12

07:01

Winter Haven PD

BOONE,BRANDON

06/05/2018

12716080A7

Winter Haven PD

BOONE,BRANDON,S

BRADSHAW

01/16/2018

8100.27

WINTER HAVEN PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:34

0.000Air Blank 07:34

0.082Control Test 07:35

0.000Air Blank 07:35

# 1 0.000Subject Sample 07:36

3.394Breath Volume 07:36

0.000Air Blank 07:37

0.000Air Blank 07:39

# 2 0.000Subject Sample 07:39

2.988Breath Volume 07:39

0.000Air Blank 07:40

0.083Control Test 07:40

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 02/28/2018 10:29

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001061CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:41

Gulfport PD

CARTER,TIMOTHY

08/05/2019

17817080A2

Gulfport PD

CARTER,TIMOTHY,R

HALL

12/31/2017

8100.27

GULFPORT PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.081Control Test 02:18

0.000Air Blank 02:18

# 1 0.075Subject Sample 02:19

1.730Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.075Subject Sample 02:22

2.164Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/28/2018 18:07

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001062CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:0601/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:09

Treasure Island PD

PREMRU,KIP

06/05/2018

12716080A6

Treasure Island PD

PREMRU,KIP,E

BOLT

12/21/2017

8100.27

TREASURE ISLAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:16

# 1 0.240Subject Sample 23:19

3.339Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:21

# 2 0.228Subject Sample 23:24

1.214Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 01/26/2018 13:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:1001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:18

Hollywood PD

IDARRAGA,CARLOS

10/30/2018

163437

Hollywood PD

GARCIA,MELANIE,A

KOENEN

12/04/2017

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:56

0.000Air Blank 18:57

0.075Control Test 18:57

0.000Air Blank 18:57

# 1 0.153Subject Sample 19:01 Volume Not Met

0.324Breath Volume 19:01

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.153Subject Sample 19:05

1.906Breath Volume 19:05

0.000Air Blank 19:05

0.000Air Blank 19:07

# 3Subject Sample 19:10 No Sample Provided

0.000Breath Volume 19:10

0.000Air Blank 19:11

0.074Control Test 19:11 Control Outside Tolerance

0.000Air Blank 19:12

Data Download Date/Time: 01/30/2018 11:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001063CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4201/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:18

Hollywood PD

IDARRAGA,CARLOS

10/30/2018

163437

Hollywood PD

GARCIA,MELANIE,A

KOENEN

12/04/2017

8100.27

HOLLYWOOD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.076Control Test 19:17

0.000Air Blank 19:17

# 1 0.179Subject Sample 19:18

1.625Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.162Subject Sample 19:21

1.972Breath Volume 19:21

0.000Air Blank 19:21

0.075Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 01/30/2018 11:31

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5901/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:26

FHP Troop C

ALVARADO,ANGEL

09/05/2018

20016080A1

FHP Troop C

ALVARADO,ANGEL,L

KOSTOGIANNES

12/30/2017

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.105Subject Sample 00:15

1.453Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.105Subject Sample 00:18

1.542Breath Volume 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 01/28/2018 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:4501/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:07

Pasco County SO

LUGO-FELIX,DANNY

09/05/2018

20016080A1

Pasco County SO

LUGO-FELIX,DANNY,J

INNAMORATO

12/30/2017

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:41

# 1 0.000Subject Sample 20:42

4.382Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.000Subject Sample 20:45

4.359Breath Volume 20:45

0.000Air Blank 20:45

0.079Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 01/28/2018 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:43:0901/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:14

06:09

New Port Richey PD

HAMILTON,BRANDON

09/05/2018

20016080A1

New Port Richey PD

ENGEL,JASON,S

EVANS

12/30/2017

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:36

0.000Air Blank 06:36

0.078Control Test 06:37

0.000Air Blank 06:37

# 1 0.198Subject Sample 06:38

1.765Breath Volume 06:38

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.191Subject Sample 06:41

1.859Breath Volume 06:41

0.000Air Blank 06:42

0.079Control Test 06:42

0.000Air Blank 06:43

OKDiagnostics Check 06:43

Data Download Date/Time: 01/28/2018 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001064CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5101/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

New Port Richey PD

HAZIME,AL-HUSSEIN

09/05/2018

20016080A1

New Port Richey PD

ENGEL,JASON,S

ROBINSON

12/30/2017

8100.27

NEW PORT RICHEY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.078Control Test 01:26

0.000Air Blank 01:26

# 1 0.118Subject Sample 01:27

1.660Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.118Subject Sample 01:30

1.425Breath Volume 01:30

0.000Air Blank 01:30

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/28/2018 22:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:2301/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:30

Tarpon Springs PD

ROSE,BRITTNEY

03/05/2019

03417080A3

Tarpon Springs PD

GELLATLY,ROBERT,A

BAKER

12/18/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.081Control Test 22:22

0.000Air Blank 22:22

# 1 0.192Subject Sample 22:22

3.394Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.198Subject Sample 22:25

3.875Breath Volume 22:25

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 01/29/2018 13:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:51

Tarpon Springs PD

ROSE,BRITTNEY

03/05/2019

03417080A3

Tarpon Springs PD

GELLATLY,ROBERT,A

RICH

12/18/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1 0.167Subject Sample 02:36

2.160Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.163Subject Sample 02:39

2.312Breath Volume 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 01/29/2018 13:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:3701/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

16:05

Tarpon Springs PD

ROQUE,MICHAEL

03/05/2019

03417080A3

Tarpon Springs PD

ROQUE,MICHAEL,A

EDWARD

12/18/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:02

0.000Air Blank 17:02

0.079Control Test 17:03

0.000Air Blank 17:03

# 1 0.267Subject Sample 17:05

2.003Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:07

# 2 0.239Subject Sample 17:08

1.703Breath Volume 17:08

0.000Air Blank 17:09

0.000Air Blank 17:11

# 3 0.242Subject Sample 17:12

1.878Breath Volume 17:12

0.000Air Blank 17:12

0.078Control Test 17:13

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 01/29/2018 13:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3901/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:34

Tarpon Springs PD

ROSE,BRITTNEY

03/05/2019

03417080A3

Tarpon Springs PD

GELLATLY,ROBERT,A

TUCKER

12/18/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.251Subject Sample 23:32

3.027Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.245Subject Sample 23:35

2.281Breath Volume 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 01/29/2018 13:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001065CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:0301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

22:55

22:16

Tarpon Springs PD

LEMMON,CHRISTOPHER

03/05/2019

03417080A3

Tarpon Springs PD

LEMMON,CHRISTOPHER,F

BURKE

12/18/2017

8100.27

TARPON SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.081Control Test 23:16

0.000Air Blank 23:16

# 1 0.227Subject Sample 23:17

2.183Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.240Subject Sample 23:21

1.757Breath Volume 23:21

0.000Air Blank 23:22

0.078Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:23

Data Download Date/Time: 01/29/2018 13:39

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001066CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:1201/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:27

16:58

Pinellas County SO

MAGLI,MICHAEL

10/24/2018

AG629802

Pinellas County SO

HORNING,PETER,T

FINNEY

12/27/2017

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:49

0.000Air Blank 17:49

0.080Control Test 17:50

0.000Air Blank 17:50

# 1 0.284Subject Sample 17:52

1.871Breath Volume 17:52

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2 0.298Subject Sample 17:57

1.316Breath Volume 17:57

0.000Air Blank 17:58

0.078Control Test 17:58

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 01/25/2018 21:00

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:09

Broward County SO

SAPP,JOSHUA

06/06/2020

792976

Broward County SO

TILLMAN,SHEILA,L

ISRAELS

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.079Control Test 00:56

0.000Air Blank 00:56

# 1 0.099Subject Sample 00:57

1.503Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.084Subject Sample 01:02 Volume Not Met

0.851Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 3 0.093Subject Sample 01:06

1.742Breath Volume 01:06

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:08

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:16

Broward County SO

HENNESSEY,JONATHAN

06/06/2020

792976

Sunrise PD

FRAZIER,ANAYA,S

JONES

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.163Subject Sample 04:02

2.597Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.160Subject Sample 04:05

3.484Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:1901/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

18:45

Broward County SO

BERMAN,MARC

06/06/2020

792976

Broward County SO

MEDINA,MARMILLY,

GONZALEZ

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.079Control Test 20:27

0.000Air Blank 20:27

# 1 0.238Subject Sample 20:30 Slope Not Level

1.195Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2Subject Sample 20:35 Sequence Aborted

0.000Breath Volume 20:35

0.000Air Blank 20:36

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:1701/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:07

Broward County SO

FLINK,ANDREW

06/06/2020

792976

Miramar PD

TILLMAN,SHEILA,L

MAYHEW

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1 0.202Subject Sample 00:02

1.394Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.193Subject Sample 00:05

1.289Breath Volume 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5701/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:36

Broward County SO

DALTON,RYAN

06/06/2020

792976

OTHER State

TILLMAN,SHEILA,L

CHACON

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.109Subject Sample 03:37 Volume Not Met

0.289Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.134Subject Sample 03:42

1.308Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 3 0.126Subject Sample 03:45

1.343Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4701/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:35

Broward County SO

DALTON,RYAN

06/06/2020

792976

OTHER State

GRAY,SANDRA,

WILSON

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0601/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:12

Broward County SO

ROJAS,RANDY

06/06/2020

792976

OTHER State

TILLMAN,SHEILA,L

CHOKSHI

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.027Subject Sample 00:22

2.589Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.027Subject Sample 00:25

2.195Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:1501/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:32

Broward County SO

PACK,J

06/06/2020

792976

Miramar PD

TILLMAN,SHEILA,L

BOXER

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.108Subject Sample 01:34 Slope Not Level

1.300Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.108Subject Sample 01:37

1.808Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 3 0.106Subject Sample 01:42

1.328Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2601/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:20

Broward County SO

DE LOS REYES,YOAN

06/06/2020

792976

OTHER State

FRAZIER,ANAYA,S

MARTINEZ JR

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.155Subject Sample 02:41

2.394Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.152Subject Sample 02:43

3.234Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:0401/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:22

Broward County SO

ROJAS,RANDY

06/06/2020

792976

OTHER State

TILLMAN,SHEILA,L

JR HOLLEY

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

# 1 0.137Subject Sample 05:13

2.832Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.139Subject Sample 05:16

1.523Breath Volume 05:16

0.000Air Blank 05:17

0.078Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:18

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:18:2901/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:45

07:40

Broward County SO

ATTKISON,MELVIN

06/06/2020

792976

Hollywood PD

GRAY,SANDRA,

HAYES

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:12

0.000Air Blank 09:12

0.080Control Test 09:12

0.000Air Blank 09:13

# 1 0.182Subject Sample 09:13

2.316Breath Volume 09:13

0.000Air Blank 09:14

0.000Air Blank 09:16

# 2 0.185Subject Sample 09:17

3.355Breath Volume 09:17

0.000Air Blank 09:17

0.080Control Test 09:17

0.000Air Blank 09:18

OKDiagnostics Check 09:18

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:0301/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:59

Broward County SO

DALTON,RYAN

06/06/2020

792976

OTHER State

GRAY,SANDRA,

MCFADDEN

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.115Subject Sample 00:46

1.632Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.114Subject Sample 00:49

1.406Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:51

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:5701/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:11

Broward County SO

FACCINI,DAVE

06/06/2020

792976

Broward County SO

TILLMAN,SHEILA,L

ROBERGE

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

# 1 0.218Subject Sample 04:07

2.464Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.213Subject Sample 04:10

1.421Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4201/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:00

Broward County SO

GARCIA,MELANIE

06/06/2020

792976

Hollywood PD

GRAY,SANDRA,

CENTONZIO

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.269Subject Sample 00:53

1.480Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.266Subject Sample 00:57

1.527Breath Volume 00:57

0.000Air Blank 00:57

0.078Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3801/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:10

Broward County SO

FACCINI,DAVID

06/06/2020

792976

Broward County SO

MEDINA,MARMILLY,

BONILLA SALAZAR

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:21

# 1 0.135Subject Sample 03:21

1.625Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.143Subject Sample 03:25

2.164Breath Volume 03:25

0.000Air Blank 03:25

0.079Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:1701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:37

Broward County SO

ESPIRITUSANTO,DAMASO

06/06/2020

792976

Miramar PD

FRAZIER,ANAYA,S

ONA VARGAS

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

0.000Air Blank 07:46

0.080Control Test 07:46

0.000Air Blank 07:47

# 1 0.149Subject Sample 07:50 Volume Not Met

0.683Breath Volume 07:50

0.000Air Blank 07:50

0.000Air Blank 07:52

# 2 0.168Subject Sample 07:53

2.917Breath Volume 07:53

0.000Air Blank 07:54

0.000Air Blank 07:56

# 3 0.160Subject Sample 07:56

1.574Breath Volume 07:56

0.000Air Blank 07:57

0.079Control Test 07:57

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3801/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:22

Broward County SO

JIMENEZ,JOSE

06/06/2020

792976

OTHER State

MEDINA,MARMILLY,

NOLASCO GARCIA

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

# 1 0.242Subject Sample 21:13 Volume Not Met

0.070Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:15

# 2 0.170Subject Sample 21:19 Volume Not Met

0.117Breath Volume 21:19

0.000Air Blank 21:19

0.078Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0801/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:11

Broward County SO

MORENCY,KENNETH

06/06/2020

792976

Broward County SO

MEDINA,MARMILLY,

ROSEME

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:00

# 1 0.171Subject Sample 02:01

2.488Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.169Subject Sample 02:04

2.097Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:3401/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:00

Broward County SO

SALTZMAN,JULIAN

06/06/2020

792976

Hollywood PD

MEDINA,MARMILLY,

BISBEY

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.078Control Test 21:29

0.000Air Blank 21:29

# 1 0.150Subject Sample 21:30

1.703Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.144Subject Sample 21:33

1.410Breath Volume 21:33

0.000Air Blank 21:33

0.078Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001067CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:2401/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:33

05:47

Broward County SO

LUNA,KRISTINA

06/06/2020

792976

Miramar PD

TILLMAN,SHEILA,L

CHAVIANO

01/10/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:58

0.000Air Blank 06:58

0.080Control Test 06:58

0.000Air Blank 06:59

# 1 0.219Subject Sample 06:59

1.484Breath Volume 06:59

0.000Air Blank 07:00

0.000Air Blank 07:02

# 2 0.209Subject Sample 07:02

1.226Breath Volume 07:02

0.000Air Blank 07:03

0.079Control Test 07:03

0.000Air Blank 07:04

OKDiagnostics Check 07:04

Data Download Date/Time: 02/07/2018 12:13

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0101/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:40

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

NGUYEN

12/21/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.101Subject Sample 00:34

2.273Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.100Subject Sample 00:38

2.175Breath Volume 00:38

0.000Air Blank 00:39

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:40

Data Download Date/Time: 01/02/2018 18:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:2801/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:18

13:46

Clearwater PD

HOXIE,BRIAN

11/05/2018

26316080A2

Clearwater PD

MILLER,CHRISTOPHER,T

CHANNELL

12/21/2017

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:38

0.000Air Blank 14:39

0.080Control Test 14:39

0.000Air Blank 14:40

# 1 0.000Subject Sample 14:40

1.347Breath Volume 14:40

0.000Air Blank 14:40

0.000Air Blank 14:42

# 2 0.000Subject Sample 14:44

1.695Breath Volume 14:44

0.000Air Blank 14:44

0.078Control Test 14:44

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 01/02/2018 18:08

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:4801/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:37

Clearwater PD

HURT,J

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

WATERS JR

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.080Control Test 20:18

0.000Air Blank 20:18

# 1 0.104Subject Sample 20:19

3.664Breath Volume 20:19

0.000Air Blank 20:21

0.000Air Blank 20:22

# 2 0.101Subject Sample 20:23

2.828Breath Volume 20:23

0.000Air Blank 20:23

0.080Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 02/20/2018 19:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4401/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:20

Clearwater PD

NUGENT,DAVID

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

NOLETTE

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.130Subject Sample 02:08

3.226Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.124Subject Sample 02:11

3.125Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 02/20/2018 19:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:1301/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:37

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

RHONE

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

# 1Subject Sample 00:22 No Sample Provided

0.000Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 02/20/2018 19:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:5001/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

16:51

Clearwater PD

NEGERSMITH,NEGERSMITH

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

MCDUFFY

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

# 1 0.000Subject Sample 19:34

1.972Breath Volume 19:34

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.000Subject Sample 19:37

1.242Breath Volume 19:37

0.000Air Blank 19:37

0.079Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 02/20/2018 19:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:4801/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:38

Clearwater PD

NUGENT,DAVID

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

ALLEN

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.079Control Test 23:16

0.000Air Blank 23:16

# 1 0.000Subject Sample 23:17

1.703Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.000Subject Sample 23:20

1.156Breath Volume 23:20

0.000Air Blank 23:20

0.079Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0401/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:59

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

PEREZ-MOTA

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:32

# 1 0.167Subject Sample 01:34

2.156Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.155Subject Sample 01:37

2.082Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4201/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:23

Clearwater PD

NEGERSMITH,OFC

11/05/2018

26316080A2

Clearwater PD

BRUNEAU,OFC,

SANDERS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.106Subject Sample 04:27

2.292Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.104Subject Sample 04:30

1.589Breath Volume 04:30

Air Blank 04:31 Purge Fail

0.000Air Blank 04:31

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3801/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:23

Clearwater PD

NEGERSMITH,OFC

11/05/2018

26316080A2

Clearwater PD

BRUNEAU,OFC,

SANDERS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.076Control Test 04:35

0.000Air Blank 04:35

# 1 0.104Subject Sample 04:36

2.617Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 2 0.103Subject Sample 04:39

2.683Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5501/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:19

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

ELLIS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

# 1Subject Sample 23:21 No Sample Provided

0.000Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2Subject Sample 23:27 No Sample Provided

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:1301/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:58

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

MCKNIGHT

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

# 1 0.137Subject Sample 22:40

2.347Breath Volume 22:40

Air Blank 22:41 Purge Fail

0.000Air Blank 22:42

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1101/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:58

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

MCKNIGHT

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:49 No Sample Provided

0.000Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2Subject Sample 22:54 No Sample Provided

0.000Breath Volume 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:3301/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:40

Clearwater PD

CRISS,W

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

SCHATZ

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

# 1 0.000Subject Sample 23:42

1.394Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:45

# 2 0.000Subject Sample 23:46

1.562Breath Volume 23:46

0.000Air Blank 23:46

0.078Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3701/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:56

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

HARRIS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1Subject Sample 03:41 No Sample Provided

0.000Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.091Subject Sample 03:46

1.292Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3Subject Sample 03:52 No Sample Provided

0.000Breath Volume 03:52

0.000Air Blank 03:52

0.078Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:38:2301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:12

11:34

Clearwater PD

GIBBS,RYAN

11/05/2018

26316080A2

Clearwater PD

STEWART,JAMES,F

SHOWERS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:36

0.000Air Blank 12:37

0.079Control Test 12:37

Air Blank 12:37 RFI Detect

0.000Air Blank 12:38

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:0701/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:12

11:34

Clearwater PD

GIBBS,RYAN

11/05/2018

26316080A2

Clearwater PD

STEWART,JAMES,F

SHOWERS

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:41

0.000Air Blank 12:41

0.080Control Test 12:42

0.000Air Blank 12:42

# 1 0.000Subject Sample 12:43

2.312Breath Volume 12:43

0.000Air Blank 12:44

0.000Air Blank 12:46

# 2 0.000Subject Sample 12:46

3.574Breath Volume 12:46

0.000Air Blank 12:47

0.079Control Test 12:47

0.000Air Blank 12:48

OKDiagnostics Check 12:48

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1301/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

02:22

Clearwater PD

NUGENT,DAVID

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

GOFORTH

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.000Subject Sample 02:27

2.378Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.000Subject Sample 02:30

2.480Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:0401/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

17:41

Clearwater PD

NUGENT,DAVID

11/05/2018

26316080A2

Clearwater PD

NUGENT,DAVID,A

PIANFETTI

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:29

0.080Control Test 18:30

0.000Air Blank 18:30

# 1 0.181Subject Sample 18:31

3.218Breath Volume 18:31

0.000Air Blank 18:32

0.000Air Blank 18:34

# 2 0.175Subject Sample 18:35

2.070Breath Volume 18:35

0.000Air Blank 18:36

0.080Control Test 18:36

0.000Air Blank 18:36

OKDiagnostics Check 18:37

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:0201/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:40

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

SMEWING

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

# 1 0.093Subject Sample 23:30

2.300Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.093Subject Sample 23:33

1.941Breath Volume 23:33

0.000Air Blank 23:34

0.079Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:35

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:1401/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:17

Clearwater PD

HURT,JONATHAN

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

DAILEY

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.078Control Test 00:13

0.000Air Blank 00:14

# 1 0.119Subject Sample 00:15

2.382Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.121Subject Sample 00:18

2.636Breath Volume 00:18

0.000Air Blank 00:19

0.079Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001068CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:2801/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:48

Clearwater PD

NEGERSMITH,DANIEL

11/05/2018

26316080A2

Clearwater PD

NEGERSMITH,DANIEL,M

GARCIA-BAUTISTA

01/02/2018

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.078Control Test 02:42

0.000Air Blank 02:42

# 1 0.209Subject Sample 02:45 Volume Not Met

0.386Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.180Subject Sample 02:51 Volume Not Met

0.019Breath Volume 02:51

0.000Air Blank 02:52

0.078Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 02/20/2018 19:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:5901/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:20

FHP Troop B

MARTIN,DANIEL

09/05/2018

20016080A2

FHP Troop B

MARTIN,DANIEL,M

SMITH

12/06/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.078Control Test 00:00

0.000Air Blank 00:00

# 1 0.163Subject Sample 00:02

4.378Breath Volume 00:02

Air Blank 00:03 RFI Detect

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 01/17/2018 17:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001070CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:3301/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:20

FHP Troop B

MARTIN,DANIEL

09/05/2018

20016080A2

FHP Troop B

MARIN,DANIEL,M

SMITH

12/06/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.075Control Test 00:08

0.000Air Blank 00:09

# 1 0.150Subject Sample 00:09

2.261Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.152Subject Sample 00:12

2.890Breath Volume 00:12

0.000Air Blank 00:13

0.074Control Test 00:13 Control Outside Tolerance

0.000Air Blank 00:14

Data Download Date/Time: 01/17/2018 17:12

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:1201/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:26

Clay County SO

PHILLIPS,Z

01/05/2019

32316080A2

Clay County SO

SANTORO,CAMERON,J

CAMPBELL

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.080Control Test 22:10

0.000Air Blank 22:10

# 1 0.166Subject Sample 22:11

1.535Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:13

# 2 0.165Subject Sample 22:14

3.015Breath Volume 22:14

0.000Air Blank 22:15

0.080Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 01/14/2018 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3301/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:10

Clay County SO

BRIGGS,G

01/05/2019

32316080A2

Orange Park PD

SANTORO,CAMERON,J

WILSON

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:09

0.000Air Blank 00:09

0.081Control Test 00:10

0.000Air Blank 00:10

# 1 0.206Subject Sample 00:11

1.808Breath Volume 00:11

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.212Subject Sample 00:14

1.929Breath Volume 00:14

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 01/14/2018 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2601/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:44

Clay County SO

CORDERIO,E

01/05/2019

32316080A2

FHP Troop G

SANTORO,CAMERON,J

CISNEROS

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:08

# 1 0.168Subject Sample 22:10

1.855Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.171Subject Sample 22:13

2.234Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 01/14/2018 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001071CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:5001/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:29

Clay County SO

BAHNSEN,A

01/05/2019

32316080A2

Clay County SO

BELL,DAKOTA,W

HOPKINS

12/23/2017

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1Subject Sample 03:12 No Sample Provided

0.000Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.280Subject Sample 03:17

1.125Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 3Subject Sample 03:23 No Sample Provided

0.000Breath Volume 03:23

0.000Air Blank 03:23

0.080Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 01/14/2018 14:37

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001073CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4101/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:23

Pasco County SO

NIXON,BARRY

03/05/2019

03417080A3

Pasco County SO

NIXON,BARRY,

RAMOS

01/17/2018

8100.27

DADE CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.097Subject Sample 02:18

2.187Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.101Subject Sample 02:21

2.648Breath Volume 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 02/19/2018 16:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:5901/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:40

FHP Troop C

ALVARADO,ANGEL

08/05/2019

17817080A2

FHP Troop C

ALVARADO,ANGEL,L

CHIZMAR JR

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.079Control Test 05:42

0.000Air Blank 05:42

# 1 0.137Subject Sample 05:44

2.636Breath Volume 05:44

0.000Air Blank 05:45

0.000Air Blank 05:46

# 2 0.140Subject Sample 05:47

2.347Breath Volume 05:47

0.000Air Blank 05:48

0.078Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5801/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:32

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

RIVERA

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 00:58 RFI Detect

0.000Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1301/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

23:32

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

RIVERA

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.147Subject Sample 01:03

1.425Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.149Subject Sample 01:06

1.472Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:4701/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:07

FHP Troop C

ALVARADO,ANGEL

08/05/2019

17817080A2

FHP Troop C

ALVARADO,ANGEL,L

VALDEZ

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:32 RFI Detect

0.000Breath Volume 01:32

0.000Air Blank 01:32

0.078Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3301/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:07

FHP Troop C

ALVARADO,ANGEL

08/05/2019

17817080A2

FHP Troop C

ALVARADO,ANGEL,L

VALDEZ

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:4101/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:27

FHP Troop C

POLSON,BRIAN

08/05/2019

17817080A2

Pasco County SO

ALVARADO,ANGEL,L

VINES

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.075Control Test 21:16

0.000Air Blank 21:17

# 1 0.135Subject Sample 21:17

1.363Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.139Subject Sample 21:21

1.691Breath Volume 21:21

0.000Air Blank 21:21

0.075Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 01/23/2018 13:45

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:3901/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:23

Pasco County SO

LUGO-FELIX,DANNY

08/05/2019

17817080A2

Pasco County SO

LUGO-FELIX,DANNY,J

ANDERSON

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:39

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.079Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 02/14/2018 22:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001074CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:11

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

IRWIN

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.109Subject Sample 02:32

2.613Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.108Subject Sample 02:36

2.421Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 02/14/2018 22:47

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:3301/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

04:59

Zephyrhills PD

BUTERA,JOSEPH

03/05/2019

03417080A1

Zephyrhills PD

HILLEN,MATTHEW,J

ROBINSON

12/31/2017

8100.27

ZEPHYRHILLS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

# 1 0.068Subject Sample 05:59

4.402Breath Volume 05:59

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.068Subject Sample 06:02

3.554Breath Volume 06:02

0.000Air Blank 06:02

0.078Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 01/31/2018 16:46

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:1901/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

22:12

St. Petersburg PD

CRUM,ZACKARY

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

PRINGLEY

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.078Control Test 22:24

0.000Air Blank 22:24

# 1 0.200Subject Sample 22:24

3.281Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.201Subject Sample 22:27

3.230Breath Volume 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 01/17/2018 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3401/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:48

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

HEARN

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

# 1 0.000Subject Sample 00:59

4.191Breath Volume 00:59

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.000Subject Sample 01:02

4.078Breath Volume 01:02

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 01/17/2018 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:3601/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:54

St. Petersburg PD

CRUM,ZACKERY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

CEASE

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 01/17/2018 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1001/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

03:01

St. Petersburg PD

CRUM,ZACKARY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

BARRIOS

12/06/2017

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

# 1 0.158Subject Sample 03:21

2.644Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.151Subject Sample 03:24

1.843Breath Volume 03:24

0.000Air Blank 03:25

0.078Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 01/17/2018 08:55

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:3701/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

20:32

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

DOMKE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.081Control Test 20:38

0.000Air Blank 20:38

# 1 0.170Subject Sample 20:40

2.117Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.161Subject Sample 20:43

2.132Breath Volume 20:43

0.000Air Blank 20:44

0.077Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 02/05/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1801/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

03:21

St. Petersburg PD

COX,LENARD

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

WHITE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.081Control Test 03:37

0.000Air Blank 03:37

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/05/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0101/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:24

St. Petersburg PD

ZOLLATA,VLAD

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

ABOUSAID

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:32

# 1 0.214Subject Sample 22:32

2.332Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.218Subject Sample 22:35

2.167Breath Volume 22:35

0.000Air Blank 22:36

0.081Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:37

Data Download Date/Time: 02/05/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:29

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

TARBOX

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:46 RFI Detect

0.000Air Blank 02:47

Data Download Date/Time: 02/05/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:3301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:29

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

TARBOX

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:50

# 1Subject Sample 02:51 Subject Test Refused

0.000Breath Volume 02:51

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 02/05/2018 10:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:15

St. Petersburg PD

ZOLLATA,VLAD

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

STACH

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1 0.145Subject Sample 00:28

3.773Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.134Subject Sample 00:31

2.757Breath Volume 00:31

0.000Air Blank 00:31

0.081Control Test 00:31

Air Blank 00:32 RFI Detect

0.000Air Blank 00:32

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1401/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

00:15

St. Petersburg PD

ZOLLATA,VLAD

11/05/2018

26316080A2

St. Petersburg PD

SMITH,EMILY,K

STACH

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

# 1 0.114Subject Sample 00:37

1.761Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.127Subject Sample 00:40

1.757Breath Volume 00:40

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:0801/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

01:06

St. Petersburg PD

WALDO,AARON

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

ROGERS

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:24

0.000Air Blank 01:24

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5201/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

02:17

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

MOORE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1101/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

02:14

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PHOMMACHACK

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.150Subject Sample 02:28

1.542Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.147Subject Sample 02:31

1.390Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3601/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

03:12

St. Petersburg PD

CRUM,ZACKARY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

CARBAUGH

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.148Subject Sample 03:26

3.671Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.148Subject Sample 03:29

3.605Breath Volume 03:29

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:2101/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

23:20

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

PEOPLES

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.167Subject Sample 23:27

2.039Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.164Subject Sample 23:30

1.882Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5901/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:40

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

DOYLE

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.172Subject Sample 01:50

1.914Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.183Subject Sample 01:53

2.015Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0901/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

23:00

St. Petersburg PD

ELLIS,ALEX

11/05/2018

26316080A2

Pinellas County SO

ZOLLOTA,VLADIMIR,P

ACOSTA

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.081Control Test 23:11

0.000Air Blank 23:11

# 1 0.100Subject Sample 23:12

2.667Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:14

# 2 0.090Subject Sample 23:15

2.613Breath Volume 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1501/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:39

St. Petersburg PD

CRUM,ZACKARY

11/05/2018

26316080A2

St. Petersburg PD

ALLI,ANTHONY,

CALDWELL

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3101/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:48

St. Petersburg PD

SMITH,EMILY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

HOOPER

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:56

St. Petersburg PD

CRUM,ZACKORY

11/05/2018

26316080A2

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

JONES

01/17/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

# 1 0.182Subject Sample 02:11

1.453Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.178Subject Sample 02:14

1.871Breath Volume 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 02/05/2018 10:43

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:0801/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:05

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ALEXANDRE

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.082Control Test 00:50

0.000Air Blank 00:50

# 1 0.182Subject Sample 00:52

2.949Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.173Subject Sample 00:55

2.011Breath Volume 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/22/2018 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:4101/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:10

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

ALVES

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.081Control Test 04:50

0.000Air Blank 04:50

# 1 0.102Subject Sample 04:52

1.488Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.098Subject Sample 04:55

1.914Breath Volume 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 01/22/2018 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:2301/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:52

Largo PD

SIMS,ALEXANDRIA

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

DICKEY

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:39

# 1Subject Sample 01:40 Subject Test Refused

0.000Breath Volume 01:40

0.000Air Blank 01:40

0.082Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 01/22/2018 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:51

Largo PD

HASTINGS,KENNETH

01/05/2019

32316080A3

Largo PD

HASTINGS,KENNETH,S

SLUSSER

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.082Control Test 03:30

0.000Air Blank 03:30

# 1 0.201Subject Sample 03:31

2.398Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.203Subject Sample 03:34

2.648Breath Volume 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 01/22/2018 11:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4201/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:31

Largo PD

SIMS,ALEXANDRIA

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

HAMILTON

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.081Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:2701/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:28

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

NITTI

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:2001/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:12

06:50

Largo PD

CERMAK,DANIEL

01/05/2019

32316080A3

Largo PD

THORNSBROUGH,DREW,A

CORRETJER

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:32

0.000Air Blank 07:32

0.080Control Test 07:33

0.000Air Blank 07:33

# 1Subject Sample 07:33 Subject Test Refused

0.000Breath Volume 07:33

0.000Air Blank 07:34

0.080Control Test 07:34

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3401/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:04

Largo PD

GRASSIA,ANTONIO

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

KAPPOS

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:48:1701/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:13

11:43

Largo PD

SIMS,ALEXANDRIA

01/05/2019

32316080A3

Largo PD

COOK,ROBERT,C

PURDY

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:36

0.000Air Blank 12:36

0.080Control Test 12:36

0.000Air Blank 12:37

# 1 0.009Subject Sample 12:37

1.867Breath Volume 12:37

0.000Air Blank 12:38

0.000Air Blank 12:40

# 2 0.000Subject Sample 12:43 Volume Not Met

0.093Breath Volume 12:43

0.000Air Blank 12:43

0.000Air Blank 12:45

# 3 0.000Subject Sample 12:46

1.234Breath Volume 12:46

0.000Air Blank 12:47

0.078Control Test 12:47

0.000Air Blank 12:48

OKDiagnostics Check 12:48

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:4901/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

20:01

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

WOODARD

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:45

# 1 0.141Subject Sample 20:46

2.515Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.150Subject Sample 20:49

2.281Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0301/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:42

Largo PD

GRASSIA,ANTONIO

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

ROSENDO LOPEZ

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.223Subject Sample 00:27

2.144Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.228Subject Sample 00:30

2.484Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:32

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:3701/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:28

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

WEISSMAN

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

# 1 0.097Subject Sample 01:15

1.484Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.103Subject Sample 01:20

2.164Breath Volume 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:08:0501/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

12:23

Largo PD

COOK,ROBERT

01/05/2019

32316080A3

Largo PD

COOK,ROBERT,C

LADLEE

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:01

0.000Air Blank 13:02

0.079Control Test 13:02

0.000Air Blank 13:03

# 1 0.177Subject Sample 13:03

3.460Breath Volume 13:03

0.000Air Blank 13:04

0.000Air Blank 13:06

# 2 0.173Subject Sample 13:06

3.175Breath Volume 13:06

0.000Air Blank 13:07

0.079Control Test 13:07

0.000Air Blank 13:08

OKDiagnostics Check 13:08

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1601/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:30

Largo PD

MAY,ANDREW

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

LEDFORD

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:49:3001/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:23

16:56

Largo PD

BALDIE,BRYAN

01/05/2019

32316080A3

Largo PD

BALDIE,BRYAN,A

HUTCHINSON

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:44

0.080Control Test 17:44

0.000Air Blank 17:45

# 1Subject Sample 17:48 Subject Test Refused

0.000Breath Volume 17:48

0.000Air Blank 17:48

0.081Control Test 17:48

0.000Air Blank 17:49

OKDiagnostics Check 17:49

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:5401/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:59

Largo PD

HASTINGS,KENNETH

01/05/2019

32316080A3

Largo PD

HASTINGS,KENNETH,S

ATKINS

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

# 1 0.098Subject Sample 03:37

1.324Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.100Subject Sample 03:40

1.808Breath Volume 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3101/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:18

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

JOHNSON

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

# 1 0.000Subject Sample 04:05

1.152Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.000Subject Sample 04:11

1.355Breath Volume 04:11

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5601/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:47

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

HUCKNO

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:38

# 1 0.066Subject Sample 23:39

2.574Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:41

# 2 0.064Subject Sample 23:42

2.042Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:1401/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:38

Largo PD

SILVERSTEIN,CHRISTINA

01/05/2019

32316080A3

Largo PD

SILVERSTEIN,CHRISTINA,

LUNDY

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.105Subject Sample 03:24

2.492Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.105Subject Sample 03:27

2.492Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0201/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:29

Largo PD

UPCHURCH,JERRY

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

BLONSKI

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:03

# 1 0.147Subject Sample 22:04

2.449Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 2 0.155Subject Sample 22:07

3.257Breath Volume 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:09

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3201/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

00:49

Largo PD

UPCHURCH,JERRY

01/05/2019

32316080A3

Largo PD

HUNT,JERRY,D

ROSS

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.082Control Test 02:18

0.000Air Blank 02:18

# 1 0.133Subject Sample 02:20

1.199Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.131Subject Sample 02:23

1.171Breath Volume 02:23

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:4201/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:50

Largo PD

HASTINGS,KENNETH

01/05/2019

32316080A3

Largo PD

MITCHELL,DEANA,B

MITCHELL

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:26

0.000Air Blank 19:27

0.081Control Test 19:27

0.000Air Blank 19:28

# 1Subject Sample 19:28 Subject Test Refused

0.000Breath Volume 19:28

0.000Air Blank 19:28

0.080Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:57:1101/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

06:52

Largo PD

KNOX,J

01/05/2019

32316080A3

Largo PD

WILSON,CHRIS,R

DAVIDSON

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:54

0.000Air Blank 08:54

0.082Control Test 08:54

0.000Air Blank 08:55

# 1Subject Sample 08:55 Subject Test Refused

0.000Breath Volume 08:55

0.000Air Blank 08:56

0.081Control Test 08:56

0.000Air Blank 08:57

OKDiagnostics Check 08:57

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:4301/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:43

Largo PD

HASTINGS,KENNETH

01/05/2019

32316080A3

Largo PD

HASTINGS,KENNETH,S

BRUNNER

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.081Control Test 23:23

0.000Air Blank 23:23

# 1 0.128Subject Sample 23:24

1.707Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:26

# 2 0.126Subject Sample 23:28

2.082Breath Volume 23:28

0.000Air Blank 23:28

0.080Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0701/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:01

Largo PD

HASTINGS,KENNETH

01/05/2019

32316080A3

Largo PD

HASTINGS,KENNETH,S

GRIM

12/18/2017

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.082Control Test 03:41

0.000Air Blank 03:41

# 1 0.186Subject Sample 03:42

2.574Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.177Subject Sample 03:45

2.304Breath Volume 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 01/22/2018 11:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:33:4601/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:10

09:47

Largo PD

ASBURY,CHRISTOPHER

08/05/2019

17817080A3

Largo PD

BLICKENSDORF,MICHAEL,R

LOUWERS

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:30

0.000Air Blank 10:31

0.080Control Test 10:31

0.000Air Blank 10:32

# 1Subject Sample 10:32 Subject Test Refused

0.000Breath Volume 10:32

0.000Air Blank 10:32

0.080Control Test 10:33

0.000Air Blank 10:33

OKDiagnostics Check 10:33

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:0101/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:08

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2019

17817080A3

Largo PD

SILVERSTEIN,CHRISTINA,

BOWMAN

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.082Control Test 01:46

0.000Air Blank 01:46

# 1Subject Sample 01:49 No Sample Provided

0.000Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.128Subject Sample 01:53

1.886Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 3 0.134Subject Sample 01:57

2.605Breath Volume 01:57

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:59

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:1701/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:29

Largo PD

KATZ,JUSTIN

08/05/2019

17817080A3

Largo PD

HUNT,JERRY,D

ROLLINS

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

# 1 0.000Subject Sample 03:14

3.464Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.000Subject Sample 03:17

3.941Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:4801/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:55

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2019

17817080A3

Largo PD

SILVERSTEIN,CHRISTINA,

CRUZ

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.081Control Test 03:37

0.000Air Blank 03:37

# 1Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:38

0.081Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0801/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:44

Largo PD

NUNLEY,JARED

08/05/2019

17817080A3

Largo PD

HUNT,JERRY,D

GLASS

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.000Subject Sample 04:34

3.800Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.000Subject Sample 04:37

3.878Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:5301/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:04

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2019

17817080A3

Largo PD

SILVERSTEIN,CHRISTINA,

PASCUAL CRISTOBAL

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:52 Subject Test Refused

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4701/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:42

Largo PD

LAKE,K

08/05/2019

17817080A3

Largo PD

CITRANO,ANTHONY,

WINTON

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 22:59

# 1Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:00

0.081Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:1401/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:28

Largo PD

SILVERSTEIN,CHRISTINA

08/05/2019

17817080A3

Largo PD

SILVERSTEIN,CHRISTINA,

DAHL

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.080Control Test 20:24

0.000Air Blank 20:24

# 1 0.147Subject Sample 20:25

2.578Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.143Subject Sample 20:28

1.535Breath Volume 20:28

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001079CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:2501/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:00

Largo PD

HASTINGS,KENNETH

08/05/2019

17817080A3

Largo PD

HASTINGS,KENNETH,S

MCMANN

01/22/2018

8100.27

LARGO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.080Control Test 20:42

0.000Air Blank 20:42

# 1Subject Sample 20:43 Subject Test Refused

0.000Breath Volume 20:43

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 02/07/2018 12:54

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:21

Polk County SO

LAWES,ERIC

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

SALLADIN

12/23/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

# 1 0.241Subject Sample 01:45

1.488Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.220Subject Sample 01:49

1.820Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 3 0.227Subject Sample 01:53

1.843Breath Volume 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 01/20/2018 19:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:5401/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:41

Polk County SO

LUCAS,NATHANIEL

09/05/2018

20016080A1

Polk County SO

LUCAS,NATHANIEL,

SMOTHERS

12/23/2017

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.080Control Test 00:40

0.000Air Blank 00:40

# 1 0.231Subject Sample 00:41

1.210Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.228Subject Sample 00:44

1.289Breath Volume 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 01/20/2018 19:44

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2901/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:19

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

GETSEE,JOY,S

GUTIERRES

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

# 1 0.135Subject Sample 02:09

2.273Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.120Subject Sample 02:12

1.664Breath Volume 02:12

0.000Air Blank 02:13

0.078Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:0201/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:51

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

PHILLIPS,JORDAN,W

BASS

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.079Control Test 03:30

0.000Air Blank 03:30

# 1 0.192Subject Sample 03:31

1.796Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.194Subject Sample 03:34

1.597Breath Volume 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:36

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:3401/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:35

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

GETSEE,JOY,S

BAXLEY

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.079Control Test 20:33

0.000Air Blank 20:33

# 1Subject Sample 20:34 Subject Test Refused

0.000Breath Volume 20:34

0.000Air Blank 20:34

0.079Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:2201/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:31

Polk County SO

SINCLAIR,CAMERON

09/05/2018

20016080A1

Polk County SO

SINCLAIR,CAMERON,W

WOODWARD

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.079Control Test 20:54

0.000Air Blank 20:54

# 1 0.029Subject Sample 20:55

2.812Breath Volume 20:55

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.027Subject Sample 20:57

1.429Breath Volume 20:57

0.000Air Blank 20:58

0.078Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4001/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:37

Polk County SO

WOFFORD,CLINT

09/05/2018

20016080A1

Polk County SO

LAWES,ERIC,

LEIGHTON

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1 0.225Subject Sample 02:32

1.726Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.219Subject Sample 02:35

2.179Breath Volume 02:35

0.000Air Blank 02:35

0.077Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2101/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:20

Polk County SO

SYKES,STEVEN

09/05/2018

20016080A1

Polk County SO

SYKES,STEVEN,

WOOD

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.284Subject Sample 02:14

1.601Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:16

# 2 0.287Subject Sample 02:17

1.132Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001080CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:3301/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:46

04:21

FHP Troop C

WALDORFF,RUSSELL

09/05/2018

20016080A1

FHP Troop C

WALDORFF,RUSSELL,G

SMITH

01/20/2018

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:07

0.000Air Blank 06:08

0.080Control Test 06:08

0.000Air Blank 06:09

# 1 0.178Subject Sample 06:09

2.175Breath Volume 06:09

0.000Air Blank 06:10

0.000Air Blank 06:12

# 2 0.177Subject Sample 06:12

2.367Breath Volume 06:12

0.000Air Blank 06:13

0.078Control Test 06:13

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 03/05/2018 15:33

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:4001/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:52

Pasco County SO

LANE,MARC

08/05/2019

17817080A2

Pasco County SO

LANE,MARC,T

WEAVER

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.075Subject Sample 02:37

2.621Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.078Subject Sample 02:40

1.863Breath Volume 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5401/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:41

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

DARLING

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Sequence Aborted

0.000Breath Volume 04:10

0.000Air Blank 04:10

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:1901/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:41

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

DARLING

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.079Control Test 04:23

0.000Air Blank 04:23

# 1 0.113Subject Sample 04:24

2.101Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.108Subject Sample 04:27

2.148Breath Volume 04:27

0.000Air Blank 04:28

0.078Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2401/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:12

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

CLINGAN

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

# 1 0.198Subject Sample 04:48

1.289Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.205Subject Sample 04:51

1.640Breath Volume 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:5301/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

22:25

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

H400512598450

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.080Control Test 21:35

0.000Air Blank 21:35

# 1Subject Sample 21:38 No Sample Provided

0.000Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2Subject Sample 21:41 Subject Test Refused

0.000Breath Volume 21:41

0.000Air Blank 21:41

0.080Control Test 21:42

0.000Air Blank 21:42

OKDiagnostics Check 21:42

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:1101/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

20:42

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

HARRIS

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.080Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:25 No Sample Provided

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2Subject Sample 22:30 No Sample Provided

0.000Breath Volume 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:2901/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

16:44

FHP Troop C

GRIFFIN,RAEFORD

08/05/2019

17817080A2

FHP Troop C

GRIFFIN,RAEFORD,L

GARCIA

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.080Control Test 18:20

0.000Air Blank 18:21

# 1Subject Sample 18:24 No Sample Provided

0.000Breath Volume 18:24

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2Subject Sample 18:30 No Sample Provided

0.000Breath Volume 18:30

0.000Air Blank 18:30

0.081Control Test 18:30

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:1701/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:01

FHP Troop C

NOTTINGHAM,CHRISTOPHER

08/05/2019

17817080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

HART

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:16

0.000Air Blank 18:16

0.081Control Test 18:16

0.000Air Blank 18:17

# 1 0.000Subject Sample 18:18

2.921Breath Volume 18:18

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2 0.000Subject Sample 18:20

2.738Breath Volume 18:20

0.000Air Blank 18:21

0.080Control Test 18:21

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:5301/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:06

Pasco County SO

CINELLI,ADAM

08/05/2019

17817080A2

Pasco County SO

CINELLI,ADAM,D

BLILIE

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.080Control Test 05:04

0.000Air Blank 05:04

# 1 0.113Subject Sample 05:07 Volume Not Met

0.507Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.113Subject Sample 05:13 Volume Not Met

0.164Breath Volume 05:13

0.000Air Blank 05:13

0.080Control Test 05:14

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:2701/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:35

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

BARILE

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:27

# 1 0.000Subject Sample 22:28

2.730Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.000Subject Sample 22:31

2.468Breath Volume 22:31

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:1401/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:47

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

ESTRADA

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

# 1 0.231Subject Sample 01:40

1.457Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.226Subject Sample 01:44

2.031Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:5501/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:09

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

PAULINO

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.000Subject Sample 02:02

3.285Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.000Subject Sample 02:05

3.140Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:27:4601/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

09:57

FHP Troop C

NOTTINGHAM,CHRISTOPHER

08/05/2019

17817080A2

FHP Troop C

NOTTINGHAM,CHRISTOPHER,R

BELLO

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:21

0.000Air Blank 11:22

0.081Control Test 11:22

0.000Air Blank 11:23

# 1 0.000Subject Sample 11:23

2.011Breath Volume 11:23

0.000Air Blank 11:23

0.000Air Blank 11:25

# 2 0.000Subject Sample 11:26

1.656Breath Volume 11:26

0.000Air Blank 11:26

0.080Control Test 11:27

0.000Air Blank 11:27

OKDiagnostics Check 11:27

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:3501/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:15

14:44

FHP Troop C

KELLY,WESLEY

08/05/2019

17817080A2

FHP Troop C

KELLY,WESLEY,R

REARDON

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:35

0.080Control Test 15:36

0.000Air Blank 15:36

# 1 0.000Subject Sample 15:37

1.761Breath Volume 15:37

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.000Subject Sample 15:40

1.527Breath Volume 15:40

0.000Air Blank 15:40

0.080Control Test 15:40

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:06

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

BEAUSOLEIL

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1 0.208Subject Sample 01:11

1.140Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.233Subject Sample 01:17 Volume Not Met

0.156Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 3 0.213Subject Sample 01:21

1.273Breath Volume 01:21

0.000Air Blank 01:21

0.076Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:1601/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:33

15:27

Pasco County SO

DECK,RYAN

08/05/2019

17817080A2

Pasco County SO

SUDLER,MICHAEL,A

LOPEZ

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:55

0.080Control Test 16:55

0.000Air Blank 16:55

# 1 0.293Subject Sample 16:57

3.035Breath Volume 16:57

0.000Air Blank 16:58

0.000Air Blank 16:59

# 2 0.290Subject Sample 17:00

2.933Breath Volume 17:00

0.000Air Blank 17:01

0.079Control Test 17:01

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3101/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:45

FHP Troop C

MORRIS,ADAM

08/05/2019

17817080A2

FHP Troop C

MORRIS,ADAM,M

NEIFFER

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 RFI Detect

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:1401/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:45

FHP Troop C

MORRIS,ADAM

08/05/2019

17817080A2

FHP Troop C

MORRIS,ADAM,M

NEIFFER

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.238Subject Sample 01:01

2.765Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.234Subject Sample 01:04

3.089Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5901/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:42

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

THOMAS

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.078Control Test 21:50

0.000Air Blank 21:51

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/23/2018 13:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2101/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:13

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

AUGUST

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:07

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

# 1 0.173Subject Sample 02:10

1.183Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.172Subject Sample 02:13

1.414Breath Volume 02:13

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:1401/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:42

Pasco County SO

NIXON,NIXON

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

MONTICELLI

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.081Control Test 21:43

0.000Air Blank 21:43

# 1 0.000Subject Sample 21:43

2.257Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.000Subject Sample 21:46

2.425Breath Volume 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1601/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:33

Pasco County SO

DAUGHERTY,DANIEL

08/05/2019

17817080A2

Pasco County SO

DAUGHERTY,DANIEL,M

SALGADO

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

# 1Subject Sample 22:54 Subject Test Refused

0.000Breath Volume 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:13

Pasco County SO

LUGO-FELIX,DANNY

08/05/2019

17817080A2

Pasco County SO

LUGO-FELIX,DANNY,J

MERSKIN

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

# 1 0.139Subject Sample 23:31

2.527Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.133Subject Sample 23:35

2.660Breath Volume 23:35

0.000Air Blank 23:35

0.082Control Test 23:35

Air Blank 23:36 RFI Detect

0.000Air Blank 23:36

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1301/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:45

Pasco County SO

AIKEN,D

08/05/2019

17817080A2

Pasco County SO

DAUGHERTY,DANIEL,M

JONES

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.084Subject Sample 00:51

3.933Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.082Subject Sample 00:55

1.109Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4901/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:41

Pasco County SO

LANE,MARC

08/05/2019

17817080A2

Pasco County SO

LANE,MARC,T

DICKENS

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:31

# 1 0.060Subject Sample 23:32

2.332Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.061Subject Sample 23:35

2.347Breath Volume 23:35

0.000Air Blank 23:35

0.081Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3801/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:31

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

MULLETT

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.000Subject Sample 22:31

2.515Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.000Subject Sample 22:34

2.156Breath Volume 22:34

0.000Air Blank 22:34

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:2201/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:32

Pasco County SO

LANE,MARC

08/05/2019

17817080A2

Pasco County SO

LANE,MARC,T

NIGRO

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.077Control Test 02:31

0.000Air Blank 02:32

# 1 0.249Subject Sample 02:34

1.566Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.264Subject Sample 02:37

1.753Breath Volume 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2601/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:33

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

KIST

12/27/2017

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1Subject Sample 02:13 No Sample Provided

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 01/23/2018 13:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3801/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:13

FHP Troop C

MIDDLETON,DANIEL

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

CURRENT

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.079Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:51 No Sample Provided

0.000Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2Subject Sample 00:54 Subject Test Refused

0.000Breath Volume 00:54

0.000Air Blank 00:54

0.079Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 02/14/2018 22:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2501/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:29

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

DUNNE

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.154Subject Sample 02:39

3.464Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.156Subject Sample 02:41

2.527Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 02/14/2018 22:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4801/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:05

FHP Troop C

ANGELICCHI,JOSEPH

08/05/2019

17817080A2

FHP Troop C

GREEN,WILLIAM,E

WOOD

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.080Control Test 03:14

0.000Air Blank 03:14

# 1 0.000Subject Sample 03:15

3.429Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.000Subject Sample 03:18

3.519Breath Volume 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 02/14/2018 22:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3301/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:01

Pasco County SO

NIXON,BARRY

08/05/2019

17817080A2

Pasco County SO

NIXON,BARRY,

WISNOSKI

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1 0.198Subject Sample 02:52

2.828Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.194Subject Sample 02:55

1.867Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 02/14/2018 22:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5201/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:22

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

KAMM

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1 0.208Subject Sample 02:21

2.566Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.204Subject Sample 02:24

1.902Breath Volume 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 02/14/2018 22:41

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:4701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:47

FHP Troop C

POLSON,BRIAN

08/05/2019

17817080A2

Pasco County SO

BRIOLAT,CASEY,J

BIERWILER

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:52 No Sample Provided

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2Subject Sample 02:58 No Sample Provided

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.079Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3301/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

01:47

FHP Troop C

POLSON,BRIAN

08/05/2019

17817080A2

Pasco County SO

BRIOLAT,CASEY,J

BIERWILER

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.138Subject Sample 03:19

2.640Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.125Subject Sample 03:23

1.800Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:17

Pasco County SO

IRWIN,J

08/05/2019

17817080A2

Pasco County SO

PEDULLA,V,A

DINH

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.152Subject Sample 02:18

1.187Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.158Subject Sample 02:21

1.890Breath Volume 02:21

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:4001/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:37

05:30

FHP Troop C

BRIOLAT,CASEY

08/05/2019

17817080A2

FHP Troop C

BRIOLAT,CASEY,J

WHITELEY

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:59

0.000Air Blank 06:59

0.080Control Test 06:59

0.000Air Blank 07:00

# 1 0.011Subject Sample 07:01

2.082Breath Volume 07:01

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.011Subject Sample 07:04

2.566Breath Volume 07:04

0.000Air Blank 07:04

0.080Control Test 07:05

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:1401/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:17

FHP Troop C

COFFEE,JASON

08/05/2019

17817080A2

FHP Troop C

COFFEE,JASON,A

MISTKOWSKI

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:26

# 1Subject Sample 21:30 No Sample Provided

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0401/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:40

FHP Troop C

BROWN,JASON

08/05/2019

17817080A2

FHP Troop C

BROWN,JASON,G

EDWARDS

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.081Control Test 21:51

0.000Air Blank 21:52

# 1 0.196Subject Sample 21:54

1.488Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.214Subject Sample 21:57

2.417Breath Volume 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:59

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001081CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1201/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:13

Pasco County SO

LARKIN,JESSE

08/05/2019

17817080A2

Pasco County SO

SUDLER,MICHAEL,A

GUTIERREZ

01/23/2018

8100.27

PASCO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 04:02 No Sample Provided

0.000Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.160Subject Sample 04:05

2.160Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 3 0.159Subject Sample 04:08

1.753Breath Volume 04:08

0.000Air Blank 04:09

0.079Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 02/14/2018 22:42

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3901/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

01:10

Jacksonville SO

HILLIER,J

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

MALDONADO

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.081Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2001/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:15

Jacksonville SO

MOELLER,R

11/05/2018

26316080A2

Jacksonville SO

HAND,JARRETT,D

ALLEN

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.082Control Test 03:42

0.000Air Blank 03:43

# 1 0.127Subject Sample 03:43

3.027Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.124Subject Sample 03:46

2.718Breath Volume 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:15:3501/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:52

16:15

Jacksonville SO

FUTCH,G

11/05/2018

26316080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

TOWNSEND

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:12

0.000Air Blank 18:13

0.081Control Test 18:13

0.000Air Blank 18:14

# 1Subject Sample 18:14 Subject Test Refused

0.000Breath Volume 18:14

0.000Air Blank 18:14

0.081Control Test 18:14

0.000Air Blank 18:15

OKDiagnostics Check 18:15

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1201/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

23:48

Jacksonville SO

HOWARD,J

11/05/2018

26316080A2

FHP Troop G

SMITH,KEVIN,W

BARRINGTON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.082Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:05 Subject Test Refused

0.000Breath Volume 02:05

0.000Air Blank 02:06

0.082Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:4701/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

01:49

Jacksonville SO

FILBERT,E

11/05/2018

26316080A2

Jacksonville Beach

SMITH,KEVIN,W

FANTIGROSSI

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.082Control Test 06:15

0.000Air Blank 06:16

# 1 0.027Subject Sample 06:16

1.992Breath Volume 06:16

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.027Subject Sample 06:20

2.003Breath Volume 06:20

0.000Air Blank 06:20

0.082Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:3701/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:10

Jacksonville SO

COWAN,B

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

COSAVALENTE TRUJILLO

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:17

0.000Air Blank 05:17

# 1 0.231Subject Sample 05:18

1.636Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.233Subject Sample 05:21

2.351Breath Volume 05:21

0.000Air Blank 05:21

0.082Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:2101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:28

Jacksonville SO

CAMACHO,K

08/05/2019

17817080A3

Neptune Beach PD

SMITH,KEVIN,W

GIBSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.082Control Test 00:41

0.000Air Blank 00:42

# 1 0.092Subject Sample 00:42

3.046Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.092Subject Sample 00:45

3.167Breath Volume 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:4501/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:00

Jacksonville SO

LANE,C

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

WIDEMOND

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.082Control Test 04:43

0.000Air Blank 04:44

# 1 0.007Subject Sample 04:44

2.851Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:47

# 2 0.007Subject Sample 04:47

2.570Breath Volume 04:47

0.000Air Blank 04:47

0.082Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:0801/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:06

04:00

Jacksonville SO

DOUGHFMAN,D

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

KARACA

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:27

0.081Control Test 05:27

0.000Air Blank 05:28

# 1 0.164Subject Sample 05:31 Volume Not Met

0.804Breath Volume 05:31

0.000Air Blank 05:32

0.000Air Blank 05:33

# 2 0.159Subject Sample 05:34

1.183Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:36

# 3 0.167Subject Sample 05:37

1.238Breath Volume 05:37

0.000Air Blank 05:38

0.081Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:5601/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:30

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

VANDOREN

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.082Control Test 00:34

0.000Air Blank 00:34

# 1 0.156Subject Sample 00:35

4.371Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.154Subject Sample 00:38

4.453Breath Volume 00:38

0.000Air Blank 00:39

0.081Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3501/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:00

Jacksonville SO

GARCIA,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

CUMMINGS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

# 1 0.173Subject Sample 02:07

1.328Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.182Subject Sample 02:10

1.480Breath Volume 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5701/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

22:00

Jacksonville SO

BOUNDS,T

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

BRYANT

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5201/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

01:15

Jacksonville SO

BRETT,T

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

STEVENSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:32

0.082Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:2701/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:31

06:48

Jacksonville SO

YOUNGBLOOD,K

08/05/2019

17817080A3

Jacksonville SO

HENDRIX,D,K

MARKHAM

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:51

0.000Air Blank 07:51

0.081Control Test 07:52

0.000Air Blank 07:52

# 1 0.170Subject Sample 07:53

2.949Breath Volume 07:53

0.000Air Blank 07:53

0.000Air Blank 07:55

# 2 0.150Subject Sample 07:56

2.503Breath Volume 07:56

0.000Air Blank 07:57

0.081Control Test 07:57

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0201/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:10

Jacksonville SO

TORRES,W

08/05/2019

17817080A3

Neptune Beach PD

AUGUSTINE,G,

SOBEL

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:50

0.000Air Blank 02:50

# 1 0.110Subject Sample 02:51

1.332Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.111Subject Sample 02:54

1.406Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:56

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1501/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:42

Jacksonville SO

TORRES,W

08/05/2019

17817080A3

Neptune Beach PD

AUGUSTINE,G,

JENKINS

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.082Control Test 04:11

0.000Air Blank 04:11

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:50:5701/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:24

12:16

Jacksonville SO

GAULDING,A

08/05/2019

17817080A3

Jacksonville SO

WILLIAMS,F.,D

LEPPARD

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:44

0.000Air Blank 12:45

0.082Control Test 12:45

0.000Air Blank 12:46

# 1 0.288Subject Sample 12:46

1.687Breath Volume 12:46

0.000Air Blank 12:47

0.000Air Blank 12:49

# 2 0.288Subject Sample 12:49

1.789Breath Volume 12:49

0.000Air Blank 12:50

0.080Control Test 12:50

0.000Air Blank 12:50

OKDiagnostics Check 12:50

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:2601/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

00:57

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

MURSALOV

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

# 1 0.120Subject Sample 02:31 Volume Not Met

0.746Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.183Subject Sample 02:34

1.250Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 3Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3001/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:10

Jacksonville SO

KEEN,C

08/05/2019

17817080A3

Jacksonville Beach

AUGUSTINE,G,

MANSFIELD

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:42

0.000Air Blank 03:42

# 1 0.141Subject Sample 03:44

1.746Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.137Subject Sample 03:46

1.878Breath Volume 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:4701/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:00

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

THOMPSON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.211Subject Sample 00:27

1.617Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.234Subject Sample 00:30

2.117Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 3 0.237Subject Sample 00:33

1.855Breath Volume 00:33

0.000Air Blank 00:33

0.081Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4101/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

00:28

Jacksonville SO

KEEN,C

08/05/2019

17817080A3

Jacksonville Beach

SMITH,KEVIN,W

TAPLEY

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.082Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:0301/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

01:49

Jacksonville SO

VISMAN,C

08/05/2019

17817080A3

FHP Troop G

SMITH,KEVIN,W

BEAN

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.082Control Test 03:09

0.000Air Blank 03:10

# 1 0.026Subject Sample 03:10

3.992Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.026Subject Sample 03:13

3.292Breath Volume 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:15

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:4901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:15

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

HARRISON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.082Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Subject Test Refused

0.000Breath Volume 00:14

0.000Air Blank 00:14

0.082Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:2601/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

23:20

Jacksonville SO

RODRIGUEZ,N

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

TURNER

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.082Control Test 01:30

0.000Air Blank 01:30

# 1 0.064Subject Sample 01:31

3.292Breath Volume 01:31

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.063Subject Sample 01:33

2.589Breath Volume 01:33

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1901/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:15

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

PATTISON

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.082Control Test 02:53

0.000Air Blank 02:53

# 1Subject Sample 02:53 Subject Test Refused

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:4201/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:01

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

BAKER

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.081Control Test 00:24

0.000Air Blank 00:24

# 1 0.000Subject Sample 00:25

2.953Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.000Subject Sample 00:28

2.441Breath Volume 00:28

0.000Air Blank 00:28

0.081Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 01/19/2018 14:26

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1001/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:40

Jacksonville SO

GARCIA,J

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

WOODLEY

12/29/2017

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.157Subject Sample 02:38

2.359Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.154Subject Sample 02:41

1.847Breath Volume 02:41

0.000Air Blank 02:42

0.082Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/19/2018 14:27

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:4201/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:30

Jacksonville SO

FISETTE,J

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

VACCARI

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.082Control Test 00:19

0.000Air Blank 00:20

# 1 0.144Subject Sample 00:22

1.519Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.146Subject Sample 00:25

1.132Breath Volume 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:45

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

KOUL

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.155Subject Sample 04:11

3.253Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.155Subject Sample 04:14

1.585Breath Volume 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:4601/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:00

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

STEWART

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1Subject Sample 01:07 Subject Test Refused

0.000Breath Volume 01:07

0.000Air Blank 01:07

0.082Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:0201/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:10

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

HOUSEND

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

# 1 0.236Subject Sample 02:36

1.558Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.223Subject Sample 02:39

2.363Breath Volume 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:41

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1001/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

01:28

Jacksonville SO

SORRELLS,M

08/05/2019

17817080A3

Jacksonville Beach

HAND,JARRETT,D

DENTON

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1Subject Sample 03:51 No Sample Provided

0.000Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2Subject Sample 03:56 No Sample Provided

0.000Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1801/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:07

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

PROFFIT

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.082Control Test 23:56

0.000Air Blank 23:56

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:3701/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

03:45

Jacksonville SO

CHAVEZ,J

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

CARTER

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

# 1 0.224Subject Sample 05:20

2.093Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.230Subject Sample 05:23

2.796Breath Volume 05:23

0.000Air Blank 05:23

0.080Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5101/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

20:47

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

HOLLIE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.081Control Test 22:38

0.000Air Blank 22:38

# 1 0.000Subject Sample 22:39

2.335Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.000Subject Sample 22:42

1.941Breath Volume 22:42

0.000Air Blank 22:42

0.080Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5501/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:38

Jacksonville SO

FILBERT,E

08/05/2019

17817080A3

Jacksonville Beach

AUGUSTINE,G,

SCOTT

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.082Control Test 01:54

0.000Air Blank 01:54

# 1 0.051Subject Sample 01:55

1.265Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.051Subject Sample 01:58

1.660Breath Volume 01:58

0.000Air Blank 01:59

0.082Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3801/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:30

Jacksonville SO

DRAGOMIR RAMIREZ,I

08/05/2019

17817080A3

FHP Troop G

AUGSUTINE,G,

BROOKS

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.082Control Test 03:14

0.000Air Blank 03:15

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.081Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5801/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:23

Jacksonville SO

MARRERO,J

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

ROWE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

# 1 0.145Subject Sample 04:04

1.957Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:06

# 2Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5301/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:50

Jacksonville SO

MOELLER,R

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

CROSBY

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:2701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

02:20

Jacksonville SO

HAWKINS,L

08/05/2019

17817080A3

Jacksonville Beach

AUGUSTINE,G,

WILLIAMS

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.081Control Test 04:55

0.000Air Blank 04:55

# 1 0.094Subject Sample 04:57

2.027Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.098Subject Sample 04:59

2.550Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:4401/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:40

Jacksonville SO

DOUGHFMAN,D

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

WIESE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.081Control Test 05:31

0.000Air Blank 05:32

# 1Subject Sample 05:32 Subject Test Refused

0.000Breath Volume 05:32

0.000Air Blank 05:32

0.080Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:2701/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:30

Jacksonville SO

WALL,C

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

CLARK

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.081Control Test 21:04

0.000Air Blank 21:05

# 1 0.117Subject Sample 21:06

1.238Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.115Subject Sample 21:09

1.105Breath Volume 21:09

0.000Air Blank 21:10

0.081Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:0501/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:47

14:30

Jacksonville SO

FARHAT,J

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

BOONE

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:08

0.000Air Blank 17:08

0.080Control Test 17:09

0.000Air Blank 17:09

# 1Subject Sample 17:09 Subject Test Refused

0.000Breath Volume 17:09

0.000Air Blank 17:10

0.080Control Test 17:10

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:3101/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:06

18:00

Jacksonville SO

STANLEY,T

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

MERRITT

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:27

0.080Control Test 19:27

0.000Air Blank 19:28

# 1 0.172Subject Sample 19:28

1.148Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.160Subject Sample 19:31

1.519Breath Volume 19:31

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:2901/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

19:57

Jacksonville SO

CENSON,T

08/05/2019

17817080A3

FHP Troop G

DINKINS,CHRISTOPHER,D

NEAVES

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:44

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

# 1 0.274Subject Sample 21:45

1.679Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.271Subject Sample 21:48

2.589Breath Volume 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 02/01/2018 13:21

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1301/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

19:20

Jacksonville SO

THOMPSON,K

08/05/2019

17817080A3

Jacksonville Beach

HAND,JARRETT,D

BERBERICH

01/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

# 1 0.134Subject Sample 23:13

2.199Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.137Subject Sample 23:16

2.496Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 02/01/2018 13:22

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:3601/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:50

FHP Troop A

BAILEY,RAYMOND

02/21/2020

712031

FHP Troop A

BAILEY,RAYMOND,F

CHAMBLISS

12/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.083Control Test 00:17

0.000Air Blank 00:17

# 1 0.072Subject Sample 00:18

1.710Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.072Subject Sample 00:21

3.144Breath Volume 00:21

0.000Air Blank 00:21

0.084Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 01/16/2018 19:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5401/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:09

FHP Troop A

BAILEY,RAYMOND

02/21/2020

712031

FHP Troop A

BAILEY,RAYMOND,F

SCHIERBERG

12/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.082Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.083Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 01/16/2018 19:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1801/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:31

FHP Troop A

KOWALSKI,KEVIN

02/21/2020

712031

FHP Troop A

KOWALSKI,KEVIN,P

MOORE

12/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.082Control Test 02:25

0.000Air Blank 02:26

# 1 0.143Subject Sample 02:26

2.757Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.146Subject Sample 02:29

3.621Breath Volume 02:29

0.000Air Blank 02:30

0.083Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/16/2018 19:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:4601/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:39

FHP Troop A

KOWALSKI,KEVIN

02/21/2020

712031

FHP Troop A

KOWALSKI,KEVIN,P

FLORES MARTINEZ

12/28/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:13

0.082Control Test 03:13

0.000Air Blank 03:14

# 1 0.159Subject Sample 03:15

3.550Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 2 0.161Subject Sample 03:18

2.644Breath Volume 03:18

0.000Air Blank 03:18

0.083Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 01/16/2018 19:59

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4201/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:41

FHP Troop A

GENTRY,JONATHAN

02/21/2020

712031

FHP Troop A

GENTRY,JONATHAN,P

GONZALEZ

01/16/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.083Control Test 01:29

0.000Air Blank 01:29

# 1 0.138Subject Sample 01:30

1.226Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.145Subject Sample 01:34

2.281Breath Volume 01:34

0.000Air Blank 01:34

0.083Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 02/02/2018 20:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001111CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:5601/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

12:39

FHP Troop A

KOWALSKI,KEVIN

02/21/2020

712031

FHP Troop A

KOWALSKI,KEVIN,P

RAMIREZ

01/16/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:46

# 1 0.187Subject Sample 01:47

1.894Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.192Subject Sample 01:50

2.707Breath Volume 01:50

0.000Air Blank 01:51

0.082Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 02/02/2018 20:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:31:1701/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:10

FHP Troop D

WOLFF,ROSE

12/30/2019

666491

FHP Troop D

WOLFF,ROSE,M

ALOTAIBI

12/31/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:22

0.000Air Blank 06:23

0.083Control Test 06:23

0.000Air Blank 06:24

# 1 0.164Subject Sample 06:26

1.554Breath Volume 06:26

0.000Air Blank 06:27

0.000Air Blank 06:28

# 2 0.160Subject Sample 06:29

2.640Breath Volume 06:29

0.000Air Blank 06:30

0.080Control Test 06:30

0.000Air Blank 06:31

OKDiagnostics Check 06:31

Data Download Date/Time: 01/29/2018 02:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001112CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:5501/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:10

FHP Troop D

MULLIGAN,WILLIAM

12/30/2019

666491

FHP Troop D

MULLIGAN,WILLIAM,C

HUGHES

12/31/2017

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.083Control Test 22:43

0.000Air Blank 22:43

# 1 0.122Subject Sample 22:44

2.062Breath Volume 22:44

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.123Subject Sample 22:47

2.097Breath Volume 22:47

0.000Air Blank 22:48

0.083Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 01/29/2018 02:38

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2801/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:01

FL State University

SEARS,KEVIN

07/05/2018

14816080A3

FL State University

COOK,FRANK,D

GEARHART

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.078Control Test 22:51

0.000Air Blank 22:51

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4401/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:37

Tallahassee PD

THOMPSON,JEFFREY

07/05/2018

14816080A3

Tallahassee PD

THOMPSON,JEFFREY,A

BODIFORD

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.262Subject Sample 00:35

3.007Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.275Subject Sample 00:38

2.308Breath Volume 00:38

0.000Air Blank 00:38

0.078Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:0501/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:59

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

FOWLER

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

# 1 0.217Subject Sample 00:36

1.765Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:38

# 2 0.218Subject Sample 00:39

1.750Breath Volume 00:39

0.000Air Blank 00:40

0.077Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:41

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5301/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:53

FL State University

SEARS,ROBERT

07/05/2018

14816080A3

FL State University

JOHNSON,ANDREW,L

BOZEMAN

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:0201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:03

04:39

Leon County SO

FLOYD,JEVON

07/05/2018

14816080A3

Leon County SO

DILLS,JAMES,M

MENENDEZ

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:42

0.000Air Blank 05:42

0.079Control Test 05:43

0.000Air Blank 05:43

# 1 0.166Subject Sample 05:45

2.378Breath Volume 05:45

0.000Air Blank 05:46

0.000Air Blank 05:47

# 2 0.174Subject Sample 05:48

1.367Breath Volume 05:48

0.000Air Blank 05:49

0.077Control Test 05:49

0.000Air Blank 05:49

OKDiagnostics Check 05:50

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0301/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:38

Tallahassee PD

STEELE,ROBERT

07/05/2018

14816080A3

Tallahassee PD

STEELE,ROBERT,L

CHARLES

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.184Subject Sample 02:42

2.128Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.187Subject Sample 02:45

2.074Breath Volume 02:45

0.000Air Blank 02:46

0.076Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:47

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:2401/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:44

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

SMART

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.079Control Test 00:02

0.000Air Blank 00:03

# 1 0.210Subject Sample 00:03

2.726Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.212Subject Sample 00:06

1.574Breath Volume 00:06

0.000Air Blank 00:07

0.078Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1901/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:36

FL State University

BARNES,TIMOTHY

07/05/2018

14816080A3

FL State University

VARNER,TYLER,J

TEEGEN

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.078Control Test 03:25

0.000Air Blank 03:25

# 1 0.203Subject Sample 03:26

1.117Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.205Subject Sample 03:29

1.406Breath Volume 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1001/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:09

Tallahassee PD

ROY,G

07/05/2018

14816080A3

Tallahassee PD

ROY,G,

SCHNEIDER

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

# 1 0.202Subject Sample 02:21

2.187Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.193Subject Sample 02:24

1.394Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5401/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:33

FL State University

BARNES,TIM

07/05/2018

14816080A3

FL State University

COOK,FRANK,D

WHITE

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

# 1 0.170Subject Sample 03:19

3.421Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.174Subject Sample 03:22

3.949Breath Volume 03:22

0.000Air Blank 03:22

0.078Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1601/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:40

FL State University

REED,JUSTIN

07/05/2018

14816080A3

FL State University

COOK,FRANK,D

BROWN

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.166Subject Sample 02:57

2.144Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.163Subject Sample 03:00

2.144Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0301/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

12:45

FHP Troop H

LECKINGER,MICHAEL

07/05/2018

14816080A3

FHP Troop H

LECKINGER,MICHAEL,E

VERMA

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:0001/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:32

19:52

FHP Troop H

VOLLERTSEN,CRAIG

07/05/2018

14816080A3

FHP Troop H

VOLLERTSEN,CRAIG,W

VANOVER

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.199Subject Sample 20:50

1.355Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.204Subject Sample 20:53

1.406Breath Volume 20:53

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:55

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3401/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:28

Tallahassee PD

EVERETT,MATTHEW

07/05/2018

14816080A3

Tallahassee PD

EVERETT,MATTHEW,A

SPEARS

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

# 1 0.255Subject Sample 23:19

1.343Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.265Subject Sample 23:22

1.792Breath Volume 23:22

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:1301/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:50

Tallahassee PD

STEELE,R

07/05/2018

14816080A3

Tallahassee PD

STEELE,R,L

BUXTON

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:39

Air Blank 23:40 RFI Detect

Air Blank 23:40 RFI Detect

Data Download Date/Time: 02/21/2018 10:58

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5501/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:50

Tallahassee PD

STEELE,R

07/05/2018

14816080A3

Tallahassee PD

STEELE,R,L

BUXTON

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

Air Blank 23:43 RFI Detect

0.000Air Blank 23:43

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:3501/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:50

Tallahassee PD

STEELE,R

07/05/2018

14816080A3

Tallahassee PD

STEELE,R,L

BUXTON

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

Air Blank 23:49 RFI Detect

Air Blank 23:49 RFI Detect

Data Download Date/Time: 02/21/2018 10:58

23 May 2018

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0101/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:50

Tallahassee PD

STEELE,R

07/05/2018

14816080A3

Tallahassee PD

STEELE,R,L

BUXTON

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:52

# 1 0.176Subject Sample 23:55

1.886Breath Volume 23:55

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.159Subject Sample 23:59

1.933Breath Volume 23:59

Air Blank 23:59 RFI Detect

0.000Air Blank 00:00

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:0901/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:42

FHP Troop H

HENING,FREDRICK

07/05/2018

14816080A3

FHP Troop H

HENING,FREDRICK,C

CHAMBLISS

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:41

0.078Control Test 21:41

0.000Air Blank 21:42

# 1 0.145Subject Sample 21:42

1.218Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.162Subject Sample 21:45

2.519Breath Volume 21:45

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:3601/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:07

Leon County SO

CUTCLIFFE,MARY

07/05/2018

14816080A3

Leon County SO

CUTCLIFFE,MARY,P

COPELAND

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.079Control Test 21:49

0.000Air Blank 21:49

# 1 0.103Subject Sample 21:50

1.445Breath Volume 21:50

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.107Subject Sample 21:53

2.515Breath Volume 21:53

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001115CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1101/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:29

Tallahassee PD

EVERETT,MATTHEW

07/05/2018

14816080A3

Tallahassee PD

EVERETT,MATTHEW,A

DAVIS

01/02/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.079Control Test 21:33

0.000Air Blank 21:33

# 1 0.233Subject Sample 21:33

1.441Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.227Subject Sample 21:36

2.105Breath Volume 21:36

0.000Air Blank 21:37

0.077Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 02/21/2018 10:58

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4801/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:37

FHP Troop E

BRANDT,FABIAN

11/05/2019

620051

FHP Troop E

MANGELS,ALEXANDER,

MON

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5701/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:22

FHP Troop E

MANGELS,ALEXANDER

11/05/2019

620051

FHP Troop E

MANGELS,ALEXANDER,

RODRIGUEZ

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:03

# 1 0.249Subject Sample 01:05

2.937Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.246Subject Sample 01:08

1.472Breath Volume 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:0101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

07:04

FHP Troop E

ROCA,LUIS

11/05/2019

620051

FHP Troop E

ROCA,LUIS,C

LAVY

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:58

0.000Air Blank 07:58

0.080Control Test 07:58

0.000Air Blank 07:59

# 1 0.172Subject Sample 08:01

2.191Breath Volume 08:01

0.000Air Blank 08:01

0.000Air Blank 08:03

# 2 0.175Subject Sample 08:04

1.312Breath Volume 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:05

OKDiagnostics Check 08:06

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:5001/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:26

FHP Troop E

SAINTILIEN,BOB

11/05/2019

620051

FHP Troop E

SAINTILIEN,BOB,

HARTZELL

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1201/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:39

FHP Troop E

DEPESTRE,GREGORY

11/05/2019

620051

FHP Troop E

CASTILLO,JOSUET,

SAAB GRAUPERA

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.086Subject Sample 04:29

3.550Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.086Subject Sample 04:32

3.734Breath Volume 04:32

0.000Air Blank 04:33

0.079Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:2701/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:33

FHP Troop E

CASTILLO,JOSUET

11/05/2019

620051

FHP Troop E

CASTILLO,JOSUET,

RUIZ

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:11

0.078Control Test 05:11

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5801/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:23

FHP Troop E

SAINTILIEN,BOB

11/05/2019

620051

FHP Troop E

SAINTILIEN,BOB,

BERGEY

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.080Control Test 04:24

0.000Air Blank 04:24

# 1 0.133Subject Sample 04:25

1.753Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.140Subject Sample 04:28

2.261Breath Volume 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5301/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:39

FHP Troop E

PINO,ALEJANDRO

11/05/2019

620051

FHP Troop E

LASSO SILVA,NICOLAS,

MORALES AYBAR

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.080Control Test 21:00

0.000Air Blank 21:01

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:01

0.079Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:17:3201/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

08:46

FHP Troop E

RODRIGUEZ,NELSON

11/05/2019

620051

Miccosukee PD

LEANDRE,GERALD,L

PENARANDA

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:13

0.000Air Blank 11:13

0.080Control Test 11:14

0.000Air Blank 11:14

# 1Subject Sample 11:16 Subject Test Refused

0.000Breath Volume 11:16

0.000Air Blank 11:16

0.080Control Test 11:16

0.000Air Blank 11:17

OKDiagnostics Check 11:17

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:1801/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:50

FHP Troop E

LASSO SILVA,NICOLAS

11/05/2019

620051

FHP Troop E

LASSO SILVA,NICOLAS,

ROMERO

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.079Control Test 20:29

0.000Air Blank 20:29

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:30

0.077Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4301/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:51

FHP Troop E

VIVEIROS,KYLE

11/05/2019

620051

FHP Troop E

LASSO SILVA,NICOLAS,

NOGUERA SOSA

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:32

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:33

# 1 0.281Subject Sample 21:34

1.421Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.273Subject Sample 21:38

2.050Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:22:4501/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

05:59

FHP Troop E

SAVINON,CARLOS

11/05/2019

620051

FHP Troop E

SAVINON,CARLOS,M

NORRIS

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:16

0.000Air Blank 07:16

0.080Control Test 07:17

0.000Air Blank 07:17

# 1 0.188Subject Sample 07:18

1.652Breath Volume 07:18

0.000Air Blank 07:18

0.000Air Blank 07:20

# 2 0.187Subject Sample 07:21

1.917Breath Volume 07:21

0.000Air Blank 07:21

0.080Control Test 07:22

0.000Air Blank 07:22

OKDiagnostics Check 07:22

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:1601/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:33

06:46

FHP Troop E

MCGLYNN,JOHN

11/05/2019

620051

FHP Troop E

MCGLYNN,JOHN,L

CLAYTON

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:54

0.000Air Blank 07:54

0.079Control Test 07:54

0.000Air Blank 07:55

# 1Subject Sample 07:55 Subject Test Refused

0.000Breath Volume 07:55

0.000Air Blank 07:56

0.080Control Test 07:56

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:4601/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:36

FHP Troop E

GOMEZ,ANTONIO

11/05/2019

620051

FHP Troop E

BRANDT,FABIAN,E

VAZQUEZ ARMAS

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.079Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001121CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:3701/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

16:07

FHP Troop E

JOHNSON,LOCKSLEY

11/05/2019

620051

FHP Troop E

RIVERO,JOSE,I

RUBIO

12/29/2017

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:59

0.000Air Blank 17:59

0.081Control Test 18:00

0.000Air Blank 18:00

# 1Subject Sample 18:01 Subject Test Refused

0.000Breath Volume 18:01

0.000Air Blank 18:01

0.081Control Test 18:02

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 01/26/2018 10:17

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001123CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2101/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:43

FHP Troop D

AZEVEDO,FABIO

04/05/2018

06616080A2

FHP Troop D

AZEVEDO,FABIO,B

EASLEY

12/08/2017

8100.27

FHP TROOP D ORLANDO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.056Subject Sample 01:40

2.492Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.058Subject Sample 01:44

2.710Breath Volume 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 03/01/2018 22:36

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001128CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:3501/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:58

Crescent City PD

MELTON,W

02/05/2018

01316080A2

Crescent City PD

MELTON,W,

ABREGO

01/01/2018

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:23

0.079Control Test 05:24

0.000Air Blank 05:24

# 1 0.116Subject Sample 05:25

2.683Breath Volume 05:25

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.118Subject Sample 05:28

3.378Breath Volume 05:28

0.000Air Blank 05:28

0.079Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 01/31/2018 20:51

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001130CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4801/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:47

Volusia County SO

WHEELER,TIMOTHY

12/10/2018

203498

Volusia County SO

CALKINS,BRIAN,M

HARRIS

12/28/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.077Control Test 02:32

0.000Air Blank 02:33

# 1 0.139Subject Sample 02:33

1.640Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.142Subject Sample 02:36

1.898Breath Volume 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 01/16/2018 10:03

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:3801/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:15

Ormond Beach PD

JAMES,ROYCE

12/10/2018

203498

Volusia County SO

WARMINGTON,WILLIAM,G

HATTON JR

12/28/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.080Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 01/16/2018 09:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001131CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0101/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:21

Ormond Beach PD

JAMES,ROYCE

12/10/2018

203498

Volusia County SO

WARMINGTON,WILLIAM,G

WASYLEAN

12/28/2017

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

# 1 0.188Subject Sample 04:23

1.500Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.188Subject Sample 04:26

2.144Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:28

Data Download Date/Time: 01/16/2018 09:32

23 May 2018Printed:

COBRA ©1997-2014 CMI, Inc.


