
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:3606/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:19

Hialeah Gardens PD

GOROTIZA,JESUS

09/05/2019

19817080A2

Hialeah Gardens PD

GOROTIZA,JESUS,

GOMEZ PALMA

05/24/2018

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.078Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 04:57 Subject Test Refused

0.000Breath Volume 04:57

0.000Air Blank 04:57

0.078Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 06/28/2018 09:03

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:5206/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:28

Hialeah Gardens PD

HUERTA,EDWIN

09/05/2019

19817080A2

Hialeah Gardens PD

HUERTA,EDWIN,

LUGO NODARSE

05/24/2018

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.078Control Test 00:07

0.000Air Blank 00:08

# 1Subject Sample 00:08 Subject Test Refused

0.000Breath Volume 00:08

0.000Air Blank 00:08

0.078Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 06/28/2018 09:03

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5506/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:54

Hialeah Gardens PD

JIMENEZ,JOSE

09/05/2019

19817080A2

Hialeah Gardens PD

JIMENEZ,JOSE,

PADRON

06/28/2018

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.078Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:28

0.078Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 07/19/2018 11:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:25

OTHER Local

ROMO,ANDRE

09/05/2018

20016080A2

OTHER Local

SIDDO,RAAJU,S

GONZALEZ CASTILLO

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.128Subject Sample 21:55

1.550Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:57

# 2 0.122Subject Sample 21:58

2.628Breath Volume 21:58

0.000Air Blank 21:59

0.078Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:5606/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:44

Miami-Dade PD

HINOJOSA,DANIEL

09/05/2018

20016080A2

Miami-Dade PD

HINOJOSA,DANIEL,M

VILLALOBO

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:38

0.000Air Blank 05:39

0.080Control Test 05:39

0.000Air Blank 05:40

# 1Subject Sample 05:40 Subject Test Refused

0.000Breath Volume 05:40

0.000Air Blank 05:41

0.081Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:51

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

VENTURA

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:56

# 1 0.221Subject Sample 01:56

3.457Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.217Subject Sample 02:00

3.050Breath Volume 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:2806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

04:40

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

VACA ROMERO

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:27

0.000Air Blank 05:28

0.080Control Test 05:28

0.000Air Blank 05:28

# 1 0.190Subject Sample 05:30

1.265Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.175Subject Sample 05:34

1.550Breath Volume 05:34

0.000Air Blank 05:35

0.078Control Test 05:35

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:4406/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:50

OTHER Local

ST THOMAS,JACK

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

BLANCO

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.081Control Test 05:20

0.000Air Blank 05:21

# 1Subject Sample 05:21 Subject Test Refused

0.000Breath Volume 05:21

0.000Air Blank 05:21

0.081Control Test 05:22

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:38:4006/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:09

08:08

Miami-Dade PD

HERNANDEZ,SERGIO

09/05/2018

20016080A2

Miami-Dade PD

GONZALEZ,JORGE,A

RAIDEL

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:30

0.000Air Blank 09:30

0.080Control Test 09:31

0.000Air Blank 09:31

# 1 0.085Subject Sample 09:33

1.437Breath Volume 09:33

0.000Air Blank 09:34

0.000Air Blank 09:35

# 2 0.101Subject Sample 09:36

2.753Breath Volume 09:36

0.000Air Blank 09:37

0.080Control Test 09:38

0.000Air Blank 09:38

OKDiagnostics Check 09:38

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:40:2506/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:58

08:32

OTHER Local

ZORRILLA,J

09/05/2018

20016080A2

OTHER Local

ZORRILLA,J,

AVILALINARES

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:28

0.000Air Blank 10:29

0.081Control Test 10:29

0.000Air Blank 10:30

# 1Subject Sample 10:33 No Sample Provided

0.000Breath Volume 10:33

0.000Air Blank 10:33

0.000Air Blank 10:35

# 2Subject Sample 10:39 No Sample Provided

0.000Breath Volume 10:39

0.000Air Blank 10:39

0.080Control Test 10:39

0.000Air Blank 10:40

OKDiagnostics Check 10:40

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:57:2806/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:58

08:32

OTHER Local

ZORRILLA,J

09/05/2018

20016080A2

OTHER Local

ZORRILLA,J,

AVILALINARES

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:46

0.000Air Blank 10:46

0.081Control Test 10:46

0.000Air Blank 10:47

# 1Subject Sample 10:50 No Sample Provided

0.000Breath Volume 10:50

0.000Air Blank 10:50

0.000Air Blank 10:52

# 2Subject Sample 10:56 No Sample Provided

0.000Breath Volume 10:56

0.000Air Blank 10:56

0.081Control Test 10:56

0.000Air Blank 10:57

OKDiagnostics Check 10:57

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0506/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:09

Coral Gables PD

NAYA,CHRISTOPHER

09/05/2018

20016080A2

Coral Gables PD

NAYA,CHRISTOPHER,M

SANABRIA

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:10

# 1Subject Sample 00:10 Subject Test Refused

0.000Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

OKDiagnostics Check 00:12

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:0306/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:44

OTHER Local

ST.THOMAS,JACK

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

GONZALEZ-GARRIDO

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.080Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:12 Subject Test Refused

0.000Breath Volume 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:14

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2306/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:45

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,D

PAZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

Air Blank 05:19 Ambient Fail

0.000Air Blank 05:20

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:4806/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:45

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER PRIVATE

BARDELAS,MAYLE,D

PAZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.080Control Test 05:25

0.000Air Blank 05:25

# 1 0.159Subject Sample 05:28 Volume Not Met

0.328Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:31

# 2 0.169Subject Sample 05:32

1.937Breath Volume 05:32

0.000Air Blank 05:33

0.000Air Blank 05:34

# 3 0.166Subject Sample 05:35

1.378Breath Volume 05:35

0.000Air Blank 05:36

0.075Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:4506/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

16:12

Miami-Dade PD

LAPLACELIERE,LEONARDO

09/05/2018

20016080A2

Miami-Dade PD

LAPLACELIERE,LEONARDO,R

RODRIGUEZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:59

0.000Air Blank 16:59

0.080Control Test 16:59

0.000Air Blank 17:00

# 1 0.272Subject Sample 17:01

2.542Breath Volume 17:01

Air Blank 17:02 Purge Fail

0.000Air Blank 17:02

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:1406/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

16:12

Miami-Dade PD

LAPLACELIERE,LEONARDO

09/05/2018

20016080A2

Miami-Dade PD

LAPLACELIERE,LEONARDO,R

RODRIGUEZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:05

0.000Air Blank 17:06

0.076Control Test 17:06

0.000Air Blank 17:06

# 1 0.270Subject Sample 17:07

2.296Breath Volume 17:07

Air Blank 17:08 Purge Fail

0.000Air Blank 17:09

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1206/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

16:12

Miami-Dade PD

LAPLACELIERE,LEONARDO

09/05/2018

20016080A2

Miami-Dade PD

LAPLACELIERE,LEONARDO,R

RODRIGUEZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:11

0.000Air Blank 17:11

0.075Control Test 17:12

0.000Air Blank 17:12

# 1 0.274Subject Sample 17:13

2.609Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:15

# 2 0.269Subject Sample 17:16

2.738Breath Volume 17:16

0.000Air Blank 17:17

0.075Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:1206/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

04:00

Miami-Dade PD

CLOSIUS,RICHARD

09/05/2018

20016080A2

Miami-Dade PD

CLOSIUS,RICHARD,L

COLON

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.081Control Test 05:46

0.000Air Blank 05:47

# 1 0.047Subject Sample 05:47

1.953Breath Volume 05:47

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.047Subject Sample 05:50

1.867Breath Volume 05:50

0.000Air Blank 05:51

0.081Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:09:1406/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:42

12:42

Miami-Dade PD

LUBIN,ANGELINA

09/05/2018

20016080A2

Miami-Dade PD

LUBIN,ANGELINA,T

PARKS

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.079Control Test 14:03

0.000Air Blank 14:03

# 1 0.249Subject Sample 14:04

1.914Breath Volume 14:04

0.000Air Blank 14:05

0.000Air Blank 14:07

# 2 0.251Subject Sample 14:07

2.203Breath Volume 14:07

0.000Air Blank 14:08

0.078Control Test 14:08

0.000Air Blank 14:09

OKDiagnostics Check 14:09

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0206/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:39

Sweetwater PD

ENCARNACION,HECTOR

09/05/2018

20016080A2

Sweetwater PD

ENCARNACION,HECTOR,

RODRIGUEZ

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.081Control Test 05:19

0.000Air Blank 05:19

# 1 0.156Subject Sample 05:22

1.265Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:24

# 2 0.152Subject Sample 05:25

2.000Breath Volume 05:25

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:27

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:2306/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:28

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

ESPINOSA

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

# 1Subject Sample 23:13 Subject Test Refused

0.000Breath Volume 23:13

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:43:4806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:03

05:15

Miami-Dade PD

KINSEY-SMITH,FELICIA

09/05/2018

20016080A2

Miami-Dade PD

KINSEY-SMITH,FELICIA,R

MARQUEZ QUINONES

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:41

0.081Control Test 06:41

0.000Air Blank 06:42

# 1Subject Sample 06:42 Subject Test Refused

0.000Breath Volume 06:42

0.000Air Blank 06:42

0.081Control Test 06:43

0.000Air Blank 06:43

OKDiagnostics Check 06:43

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:02:2506/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:40

10:15

OTHER Local

ESCONTRELA,CRISTINA

09/05/2018

20016080A2

OTHER Local

ESCONTRELA,CRISTINA,

RAMIREZ WILLIAMS

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:01

Air Blank 11:02 Improper Sample

Air Blank 11:02 Improper Sample

Data Download Date/Time: 07/26/2018 10:55

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4606/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:46

Miami-Dade PD

DAVALOS,DANIEL

09/05/2018

20016080A2

Miami-Dade PD

DAVALOS,DANIEL,A

GARCIA

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:10

OTHER Local

BARDELAS,MAYLE

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

MARTINEZTREJOS

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.081Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:21 Subject Test Refused

0.000Breath Volume 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:4506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:10

OTHER Local

AGUILERA,ANDREW

09/05/2018

20016080A2

OTHER Local

BARDELAS,MAYLE,

MORATINOS

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:1606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:34

Miami-Dade PD

FRANCO,G

09/05/2018

20016080A2

Miami-Dade PD

VARGAS,D,

LOPEZ MAIRENA

06/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

# 1 0.219Subject Sample 03:58

2.195Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.219Subject Sample 04:01

1.425Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 07/26/2018 10:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:2706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

21:28

Jacksonville SO

EANES,J

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

STUBBS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.081Control Test 23:13

0.000Air Blank 23:14

# 1 0.215Subject Sample 23:14

1.515Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.202Subject Sample 23:18

1.261Breath Volume 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

00:14

Jacksonville SO

BYRNE,J

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

BOLL

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

# 1 0.207Subject Sample 02:05

2.363Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.194Subject Sample 02:08

3.898Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3506/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:06

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

JONES

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.079Subject Sample 02:12

2.164Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.076Subject Sample 02:15

2.773Breath Volume 02:15

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2306/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

21:24

Jacksonville SO

HENDLEY,R

10/05/2019

22817080A4

FHP Troop G

BURNS,D,L

PULLEY

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:35

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3906/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:10

Jacksonville SO

GARCIA,J

10/05/2019

22817080A4

Jacksonville SO

BERRY,SHANON,E

VASQUEZ

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:58:5106/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:32

13:00

Jacksonville SO

FISETTE,J

10/05/2019

22817080A4

Jacksonville SO

CLARIDA,K,M

CASTRO

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:52

0.000Air Blank 14:52

0.080Control Test 14:53

0.000Air Blank 14:53

# 1 0.267Subject Sample 14:54

2.421Breath Volume 14:54

0.000Air Blank 14:54

0.000Air Blank 14:56

# 2 0.270Subject Sample 14:57

2.859Breath Volume 14:57

0.000Air Blank 14:57

0.080Control Test 14:58

0.000Air Blank 14:58

OKDiagnostics Check 14:58

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:4906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:26

Jacksonville SO

TORRES,W

10/05/2019

22817080A4

Neptune Beach PD

DINKINS,CHRISTOPHER,D

CALLEJAS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:4206/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:45

Jacksonville SO

WHITE,J

10/05/2019

22817080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

O'BROSKY

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:12

# 1Subject Sample 05:12 Subject Test Refused

0.000Breath Volume 05:12

0.000Air Blank 05:12

0.081Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2706/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:27

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

DONALDSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.081Control Test 01:46

0.000Air Blank 01:46

# 1 0.132Subject Sample 01:47

2.574Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.118Subject Sample 01:49

1.289Breath Volume 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

01:19

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

DINKINS,CHRISTOPHER,D

GUERRA GAONA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5806/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:21

Jacksonville SO

TORRES,W

10/05/2019

22817080A4

Neptune Beach PD

DINKINS,CHRISTOPHER,D

ABELARDE AGUERO

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.168Subject Sample 03:01

1.457Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.161Subject Sample 03:04

1.605Breath Volume 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:2506/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

20:52

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

BAKER,TYLER,R

NORDIN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:23

# 1 0.087Subject Sample 22:24

3.093Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.080Subject Sample 22:27

1.738Breath Volume 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2906/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:45

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

BAEZAPONTE

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0106/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

00:15

Jacksonville SO

GARCIA,J

10/05/2019

22817080A4

Jacksonville SO

BERRY,SHANON,E

POOLE

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.277Subject Sample 01:38

1.332Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 3 0.269Subject Sample 01:44 Volume Not Met

0.523Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:46

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0506/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:00

Jacksonville SO

WHITE,J

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

JOHNSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.116Subject Sample 03:37

3.039Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.116Subject Sample 03:40

2.765Breath Volume 03:40

0.000Air Blank 03:41

0.081Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 06/19/2018 15:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:1206/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:35

Jacksonville SO

EASTERLY,J

10/05/2019

22817080A4

Jacksonville SO

BURNS,D,L

PASCUAL MORALES

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:0906/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:45

Jacksonville SO

WHITE,J

10/05/2019

22817080A4

Jacksonville SO

BURNS,D,L

WALKER

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.080Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:3306/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:10

Jacksonville SO

MOELLER,R

10/05/2019

22817080A4

Jacksonville SO

BERRY,SHANON,E

WASHINGTON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

# 1 0.160Subject Sample 23:41

2.449Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.166Subject Sample 23:44

1.496Breath Volume 23:44

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5006/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:05

Jacksonville SO

DOUGHFMAN,D

10/05/2019

22817080A4

Jacksonville SO

SCOTT,J,A

COTERA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.100Subject Sample 03:00 Volume Not Met

0.765Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.106Subject Sample 03:03

2.699Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 3 0.104Subject Sample 03:06

4.039Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:5406/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

02:51

Jacksonville SO

COHILL,D

10/05/2019

22817080A4

Jacksonville Beach

SCOTT,J,A

SHECKELLS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

# 1 0.146Subject Sample 04:50

1.480Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.151Subject Sample 04:54

1.925Breath Volume 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:47:5406/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:18

05:25

Jacksonville SO

JOHNSON,B

10/05/2019

22817080A4

Jacksonville SO

SHEPHERD,P,E

ORTA GONZALEZ

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.080Control Test 07:39

0.000Air Blank 07:39

# 1 0.172Subject Sample 07:40

1.765Breath Volume 07:40

0.000Air Blank 07:40

0.000Air Blank 07:42

# 2 0.145Subject Sample 07:43

2.089Breath Volume 07:43

0.000Air Blank 07:43

0.000Air Blank 07:45

# 3 0.183Subject Sample 07:46

3.621Breath Volume 07:46

0.000Air Blank 07:47

0.080Control Test 07:47

0.000Air Blank 07:47

OKDiagnostics Check 07:47

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:2406/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

20:19

Jacksonville SO

MAZZO,P

10/05/2019

22817080A4

Atlantic Beach PD

SCOTT,J,A

RAMOS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.081Control Test 22:55

0.000Air Blank 22:56

# 1Subject Sample 22:58 Subject Test Refused

0.000Breath Volume 22:58

0.000Air Blank 22:58

0.081Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0606/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:10

Jacksonville SO

WHITE,J

10/05/2019

22817080A4

Jacksonville SO

SCOTT,J,A

MONGE GUEVARA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

# 1 0.148Subject Sample 01:17

1.968Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.142Subject Sample 01:21

1.625Breath Volume 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 06/19/2018 15:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1806/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

00:12

Jacksonville SO

GIBSON,D

10/05/2019

22817080A4

Jacksonville Beach

DINKINS,CHRISTOPHER,D

HIMES

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:39

# 1 0.239Subject Sample 03:39

1.207Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.219Subject Sample 03:43

1.542Breath Volume 03:43

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0606/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

02:23

Jacksonville SO

VICKERY,N

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

BURCH

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1 0.000Subject Sample 04:11

1.914Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.000Subject Sample 04:14

1.863Breath Volume 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:0106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:19

Jacksonville SO

BROWN,T

05/05/2020

05218080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

SMITH

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:50

# 1 0.150Subject Sample 01:51

1.429Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.153Subject Sample 01:54

1.417Breath Volume 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:56

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:0806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

23:30

Jacksonville SO

FISETTE,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

BROWN

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.186Subject Sample 00:48

2.031Breath Volume 00:48

0.000Air Blank 00:49

0.000Air Blank 00:51

# 2 0.182Subject Sample 00:51

1.507Breath Volume 00:51

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3706/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

23:50

Jacksonville SO

WHITE,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

TAYLOR

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2306/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:10

Jacksonville SO

VANHOF,J

05/05/2020

05218080A3

Atlantic Beach PD

ROSEPILER,JONATHAN,M

HARRIS

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.206Subject Sample 02:05

1.945Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.191Subject Sample 02:09

1.578Breath Volume 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4406/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

23:55

Jacksonville SO

HOOVER,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

BRISTOW

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1Subject Sample 02:11 Subject Test Refused

0.000Breath Volume 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:4406/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

02:45

Jacksonville SO

BUTLER,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

SCHAEFER

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.080Control Test 05:10

0.000Air Blank 05:10

# 1 0.074Subject Sample 05:11

1.519Breath Volume 05:11

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.069Subject Sample 05:15

1.449Breath Volume 05:15

0.000Air Blank 05:15

0.081Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5806/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:22

Jacksonville SO

STANLEY,T

05/05/2020

05218080A3

Jacksonville SO

BURNS,D,L

TALLENT

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:41

0.000Air Blank 01:41

# 1 0.172Subject Sample 01:42

2.792Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.175Subject Sample 01:45

2.199Breath Volume 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1206/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

02:20

Jacksonville SO

FISETTE,J

05/05/2020

05218080A3

Jacksonville SO

BURNS,D,L

JACKSON

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

# 1Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:27:5306/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:04

10:45

Jacksonville SO

ANDRES,J

05/05/2020

05218080A3

Jacksonville SO

CLARIDA,K,M

TOHAL

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:24

0.000Air Blank 13:25

0.080Control Test 13:25

0.000Air Blank 13:25

# 1Subject Sample 13:26 Interferent Detect

2.289Breath Volume 13:26

0.000Air Blank 13:26

0.081Control Test 13:27

0.000Air Blank 13:27

OKDiagnostics Check 13:27

Data Download Date/Time: 07/06/2018 12:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:53:2506/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:30

10:45

Jacksonville SO

ANDRES,J

05/05/2020

05218080A3

Jacksonville SO

CLARIDA,K,M

TOHAL

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:50

0.000Air Blank 13:50

0.080Control Test 13:50

0.000Air Blank 13:51

# 1Subject Sample 13:51 Interferent Detect

3.167Breath Volume 13:51

0.000Air Blank 13:52

0.081Control Test 13:52

0.000Air Blank 13:53

OKDiagnostics Check 13:53

Data Download Date/Time: 07/06/2018 12:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3706/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

22:10

Jacksonville SO

LANGDON,N

05/05/2020

05218080A3

Neptune Beach PD

BURNS,D,L

JACKSON

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:18

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 07/06/2018 12:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:05:4306/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

04:20

Jacksonville SO

HILLIER,J

05/05/2020

05218080A3

Jacksonville SO

BURNS,D,L

HAYMAN

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:03

0.080Control Test 06:03

0.000Air Blank 06:04

# 1Subject Sample 06:04 Subject Test Refused

0.000Breath Volume 06:04

0.000Air Blank 06:04

0.080Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:05

Data Download Date/Time: 07/06/2018 12:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:1706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

22:56

Jacksonville SO

MARRERO,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

OSBORNE

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

# 1 0.043Subject Sample 00:33

2.898Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.045Subject Sample 00:36

3.160Breath Volume 00:36

0.000Air Blank 00:37

0.081Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 07/06/2018 12:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

01:51

Jacksonville SO

MARRERO,J

05/05/2020

05218080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

MUZDEKA

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

# 1 0.117Subject Sample 03:41

1.269Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:43

# 2 0.117Subject Sample 03:45

1.609Breath Volume 03:45

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 07/06/2018 12:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4806/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:19

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

BASS,HUNTER,P

HENDERSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:35

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:4606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

01:57

Jacksonville SO

JENSEN,D

10/05/2019

22817080A4

Neptune Beach PD

BASS,HUNTER,P

JOSHUA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:10

# 1Subject Sample 04:11 Subject Test Refused

0.000Breath Volume 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:0006/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:31

17:05

Jacksonville SO

BYRNE,J

10/05/2019

22817080A4

Jacksonville SO

MURRIELL,E,L

ALEXANDER

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.079Control Test 18:52

0.000Air Blank 18:53

# 1 0.214Subject Sample 18:54

1.339Breath Volume 18:54

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.218Subject Sample 18:57

1.191Breath Volume 18:57

0.000Air Blank 18:58

0.079Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:59

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:1006/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

16:59

Jacksonville SO

RUSSELL,C

10/05/2019

22817080A4

Atlantic Beach PD

MURRIELL,E,L

FARSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:02

0.000Air Blank 20:02

0.079Control Test 20:03

0.000Air Blank 20:03

# 1 0.123Subject Sample 20:04

1.558Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:06

# 2 0.120Subject Sample 20:07

2.218Breath Volume 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:0106/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

21:49

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

BASS,HUNTER,P

DURAN MARTINEZ

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.078Control Test 23:16

0.000Air Blank 23:16

# 1 0.134Subject Sample 23:18

1.535Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.130Subject Sample 23:21

1.347Breath Volume 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:22

OKDiagnostics Check 23:23

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

00:56

Jacksonville SO

KEEN,C

10/05/2019

22817080A4

Jacksonville Beach

BASS,HUNTER,P

RYALS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

# 1 0.116Subject Sample 03:02

1.960Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.119Subject Sample 03:05

2.406Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:47:5806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:12

Jacksonville SO

BROWN,T.A

10/05/2019

22817080A4

Jacksonville SO

TAYLOR,TIMOTHY,P

DUBBERLY

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.079Control Test 18:41

0.000Air Blank 18:42

# 1 0.239Subject Sample 18:43

1.843Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:45

# 2 0.233Subject Sample 18:46

2.031Breath Volume 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:47

OKDiagnostics Check 18:47

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:3906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:44

Jacksonville SO

BYRNE,J.F

10/05/2019

22817080A4

Jacksonville SO

TAYLOR,TIMOTHY,P

MALIXI

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1 0.225Subject Sample 19:12

2.785Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 2 0.228Subject Sample 19:16

3.296Breath Volume 19:16

0.000Air Blank 19:16

0.079Control Test 19:17

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4906/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:05

Jacksonville SO

HOOVER,J

10/05/2019

22817080A4

Jacksonville SO

ROSEPILER,JONATHAN,M

BEENE

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

# 1 0.156Subject Sample 01:47

1.714Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.156Subject Sample 01:50

3.042Breath Volume 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:0106/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:07

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

MURRIELL,E,L

BAYLESS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.079Control Test 20:43

0.000Air Blank 20:44

# 1Subject Sample 20:46 Subject Test Refused

0.000Breath Volume 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:48

Data Download Date/Time: 06/19/2018 15:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:0806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:34

Jacksonville SO

TORRES,W

10/05/2019

22817080A4

Neptune Beach PD

ADAMS,J,T

ESPINOZA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

# 1 0.153Subject Sample 20:52

1.667Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.145Subject Sample 20:55

1.242Breath Volume 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:3506/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:17

Jacksonville SO

BRYANT,R

10/05/2019

22817080A4

Jacksonville SO

ADAMS,J,T

PERRONE

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.078Control Test 22:34

0.000Air Blank 22:34

# 1 0.014Subject Sample 22:35

3.199Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.014Subject Sample 22:38

2.656Breath Volume 22:38

0.000Air Blank 22:38

0.080Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1706/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:50

Jacksonville SO

GARCIA,J

10/05/2019

22817080A4

Jacksonville SO

SUTTON,BRADEN,J

DAWSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:4906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

03:07

Jacksonville SO

GREEN,J

10/05/2019

22817080A4

Atlantic Beach PD

SUTTON,BRADEN,J

GALVAN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.080Control Test 06:21

0.000Air Blank 06:21

# 1 0.075Subject Sample 06:22

2.035Breath Volume 06:22

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.071Subject Sample 06:25

1.167Breath Volume 06:25

0.000Air Blank 06:25

0.080Control Test 06:26

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:1406/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

21:16

Jacksonville SO

NEADER,R

10/05/2019

22817080A4

Jacksonville SO

SUTTON,BRADEN,J

WILLIAMS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.078Control Test 01:04

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5006/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:00

Jacksonville SO

STANLEY,T

10/05/2019

22817080A4

Jacksonville SO

SUTTON,BRADEN,J

FERNANDEZ RIVERA

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:14

# 1 0.182Subject Sample 05:15

2.062Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.182Subject Sample 05:18

2.109Breath Volume 05:18

0.000Air Blank 05:18

0.079Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 06/19/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:3306/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

17:49

Jacksonville SO

ABREU,A.J

10/05/2019

22817080A4

Jacksonville Beach

TAYLOR,TIMOTHY,P

LANIER

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.079Control Test 20:52

Air Blank 20:53 RFI Detect

0.000Air Blank 20:53

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:5506/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

17:49

Jacksonville SO

ABREU,A.J

10/05/2019

22817080A4

Jacksonville Beach

TAYLOR,TIMOTHY,P

LANIER

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.079Control Test 20:57

0.000Air Blank 20:57

# 1Subject Sample 20:58 Subject Test Refused

0.000Breath Volume 20:58

0.000Air Blank 20:59

0.080Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:1806/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

01:38

Jacksonville SO

BROWN,T

10/05/2019

22817080A4

Jacksonville SO

SUTTON,BRADEN,J

COUGHLIN

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.079Control Test 02:55

0.000Air Blank 02:55

# 1Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3406/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

03:20

Jacksonville SO

HAIRE,C

10/05/2019

22817080A4

Jacksonville SO

SUTTON,BRADEN,J

MORRELL

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.079Control Test 05:32

0.000Air Blank 05:33

# 1 0.117Subject Sample 05:34

2.289Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.114Subject Sample 05:37

1.933Breath Volume 05:37

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:1406/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:00

18:11

Jacksonville SO

SAPP,W

10/05/2019

22817080A4

FFWCC (Lake City)

TAYLOR,TIMOTHY,P

HESTER

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

# 1Subject Sample 20:31 Subject Test Refused

0.000Breath Volume 20:31

0.000Air Blank 20:32

0.079Control Test 20:32

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:3606/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:15

Jacksonville SO

GARCIA,J

10/05/2019

22817080A4

Jacksonville SO

TAYLOR,TIMOTHY,P

SANTIAGO

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1Subject Sample 20:52 Subject Test Refused

0.000Breath Volume 20:52

0.000Air Blank 20:52

0.079Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:2606/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

16:52

Jacksonville SO

EANES,J

10/05/2019

22817080A4

Jacksonville SO

TAYLOR,TIMOTHY,P

PRUDHOMME

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.079Control Test 18:41

0.000Air Blank 18:42

# 1 0.149Subject Sample 18:43

1.613Breath Volume 18:43

0.000Air Blank 18:43

0.000Air Blank 18:45

# 2 0.160Subject Sample 18:46

1.656Breath Volume 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 07/06/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2806/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:05

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

BEAN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.077Control Test 03:40

0.000Air Blank 03:41

# 1 0.143Subject Sample 03:43

2.054Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.136Subject Sample 03:46

1.941Breath Volume 03:46

0.000Air Blank 03:47

0.076Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:2906/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

03:20

Jacksonville SO

PARSLEY,M

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

SONG

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.077Control Test 05:29

0.000Air Blank 05:29

# 1 0.082Subject Sample 05:31

1.910Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.069Subject Sample 05:33

1.343Breath Volume 05:33

0.000Air Blank 05:34

0.077Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:3106/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

19:58

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

LEVERETT,I,

CANNADY

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.078Control Test 21:18

0.000Air Blank 21:18

# 1 0.106Subject Sample 21:20

2.031Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.107Subject Sample 21:23

2.441Breath Volume 21:23

0.000Air Blank 21:24

0.076Control Test 21:24

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:5706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:45

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

JACKSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.077Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.077Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:4306/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:57

03:56

Jacksonville SO

VANHOF,J

08/05/2019

17817080A3

Atlantic Beach PD

DINKINS,CHRISTOPHER,D

MERCER

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:17

0.000Air Blank 06:18

0.078Control Test 06:18

0.000Air Blank 06:19

# 1Subject Sample 06:19 Subject Test Refused

0.000Breath Volume 06:19

0.000Air Blank 06:19

0.078Control Test 06:20

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:3306/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:14

Jacksonville SO

BROWN,T

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

CUNANAN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

# 1 0.170Subject Sample 01:43

1.859Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.175Subject Sample 01:47

1.960Breath Volume 01:47

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:1406/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

03:20

Jacksonville SO

CLARK,J

08/05/2019

17817080A3

Jacksonville SO

AUGUSTINE,G,

TORRES

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.077Control Test 05:35

0.000Air Blank 05:36

# 1 0.129Subject Sample 05:36

1.539Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.129Subject Sample 05:40

2.148Breath Volume 05:40

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:0706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

17:51

Jacksonville SO

EANES,J

08/05/2019

17817080A3

Jacksonville SO

MILLS,R,

BROWN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.078Control Test 19:06

0.000Air Blank 19:06

# 1 0.226Subject Sample 19:08

3.757Breath Volume 19:08

0.000Air Blank 19:09

0.000Air Blank 19:10

# 2 0.229Subject Sample 19:11

3.437Breath Volume 19:11

0.000Air Blank 19:12

0.077Control Test 19:12

0.000Air Blank 19:13

OKDiagnostics Check 19:13

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1106/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:16

Jacksonville SO

DIAZ,C

08/05/2019

17817080A3

Jacksonville SO

HAND,JARRETT,D

MENDOZA GUTIERREZ

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.078Control Test 03:41

0.000Air Blank 03:41

# 1 0.075Subject Sample 03:42

2.425Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.065Subject Sample 03:45

1.417Breath Volume 03:45

0.000Air Blank 03:46

0.077Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1206/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

23:30

Jacksonville SO

RODRIGUEZ,M

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

HAYES

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

# 1 0.183Subject Sample 01:34

1.113Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:36

# 2 0.212Subject Sample 01:37

2.101Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 3 0.202Subject Sample 01:40

1.652Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5406/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

00:50

Jacksonville SO

WEBER,R

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

WATSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:19

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:20

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:3906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

02:47

Jacksonville SO

KASSIS,F

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

ALLEN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.078Control Test 04:41

0.000Air Blank 04:41

# 1 0.085Subject Sample 04:42

1.609Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.086Subject Sample 04:45

1.410Breath Volume 04:45

0.000Air Blank 04:45

0.078Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4906/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

21:55

Jacksonville SO

JENSEN,D

08/05/2019

17817080A3

Neptune Beach PD

SMITH,KEVIN,W

ELWELL

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 23:59

0.078Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0306/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:00

Jacksonville SO

BOWERS,D

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

WALL

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:43

0.078Control Test 00:43

0.000Air Blank 00:44

# 1 0.202Subject Sample 00:45

2.019Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.195Subject Sample 00:48

1.339Breath Volume 00:48

0.000Air Blank 00:49

0.076Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:50

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:10

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

CRISANTO

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.078Control Test 03:01

0.000Air Blank 03:01

# 1 0.234Subject Sample 03:02

1.691Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.232Subject Sample 03:04

1.195Breath Volume 03:04

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

02:30

Jacksonville SO

SORRELLS,M

08/05/2019

17817080A3

Jacksonville Beach

SMITH,KEVIN,W

FONTILLAS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1 0.107Subject Sample 04:51

2.757Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.099Subject Sample 04:53

2.136Breath Volume 04:53

0.000Air Blank 04:54

0.078Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1306/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:24

Jacksonville SO

BRYANT,R

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

SANDERS

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.078Control Test 02:27

0.000Air Blank 02:28

# 1 0.108Subject Sample 02:28

3.359Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.104Subject Sample 02:31

2.464Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4506/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:32

Jacksonville SO

BYRNE,J

08/05/2019

17817080A3

Jacksonville SO

SMITH,KEVIN,W

MERRITT

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.078Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1906/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:32

Jacksonville SO

DRAGOMIR,I

08/05/2019

17817080A3

FHP Troop G

SMITH,KEVIN,W

HANDY

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.078Control Test 00:28

0.000Air Blank 00:28

# 1 0.219Subject Sample 00:28

2.054Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.218Subject Sample 00:31

2.285Breath Volume 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2906/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:45

Jacksonville SO

DRAGOMIR,I

08/05/2019

17817080A3

FHP Troop G

SMITH,KEVIN,W

LYNN

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.077Control Test 02:40

0.000Air Blank 02:41

# 1 0.317Subject Sample 02:41

1.683Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.308Subject Sample 02:44

1.660Breath Volume 02:44

0.000Air Blank 02:45

0.077Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:3906/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

04:00

Jacksonville SO

CLARK,J

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

JONES

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:28

0.000Air Blank 06:29

0.078Control Test 06:29

0.000Air Blank 06:30

# 1 0.188Subject Sample 06:32

2.648Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.200Subject Sample 06:36

1.417Breath Volume 06:36

0.000Air Blank 06:36

0.075Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:50

Jacksonville SO

GARCIA,J

08/05/2019

17817080A3

Jacksonville SO

SUTTON,BRADEN,J

DAWSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.072Control Test 03:58 Control Outside Tolerance

0.000Air Blank 03:58

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1706/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

19:45

Jacksonville SO

HILLIER,J

08/05/2019

17817080A3

Jacksonville SO

MILBERGER,G,

JACKSON

05/30/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:34

# 1 0.046Subject Sample 22:34

2.746Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.043Subject Sample 22:37

2.726Breath Volume 22:37

0.000Air Blank 22:38

0.077Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 06/19/2018 14:54

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:3306/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:57

03:57

Jacksonville SO

DINKINS,CHRISTOPHER

08/05/2019

17817080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

ONEAL

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.078Control Test 04:18

0.000Air Blank 04:18

# 1 0.130Subject Sample 04:19

2.425Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.142Subject Sample 04:22

2.148Breath Volume 04:22

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3206/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:15

Jacksonville SO

JENSEN,D

08/05/2019

17817080A3

Neptune Beach PD

AUGUSTINE,G,

MCGUFFIN-MOSES

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.078Control Test 03:32

0.000Air Blank 03:32

# 1 0.105Subject Sample 03:33

1.964Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.098Subject Sample 03:36

2.027Breath Volume 03:36

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5306/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:00

Jacksonville SO

BRYANT,R

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

JOHNSON

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.078Control Test 23:28

0.000Air Blank 23:29

# 1 0.000Subject Sample 23:29

2.242Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.000Subject Sample 23:32

2.261Breath Volume 23:32

0.000Air Blank 23:32

0.078Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:2506/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

03:06

Jacksonville SO

DEDIC,H

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

COLLIER

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:29

0.078Control Test 05:30

0.000Air Blank 05:30

# 1 0.000Subject Sample 05:31

2.914Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.000Subject Sample 05:34

2.714Breath Volume 05:34

0.000Air Blank 05:34

0.078Control Test 05:34

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

23:05

Jacksonville SO

FILBERT,E

05/05/2020

05218080A3

Jacksonville Beach

DINKINS,CHRISTOPHER,D

JURGRAU

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.078Control Test 01:27

Air Blank 01:27 RFI Detect

0.000Air Blank 01:27

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:0006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

23:05

Jacksonville SO

FILBERT,E

05/05/2020

05218080A3

Jacksonville Beach

DINKINS,CHRISTOPHER,D

JURGRAU

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.078Control Test 01:29

0.000Air Blank 01:30

# 1 0.008Subject Sample 01:30

3.121Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.009Subject Sample 01:33

2.714Breath Volume 01:33

0.000Air Blank 01:34

0.078Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:35

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5906/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:35

Jacksonville SO

HOOVER,J

05/05/2020

05218080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

SANTIAGO CRUZ

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1Subject Sample 03:37 Subject Test Refused

0.000Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2306/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:00

Jacksonville SO

FISETTE,J

05/05/2020

05218080A3

Jacksonville SO

SMITH,KEVIN,W

HALSTEAD

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.078Control Test 02:29

0.000Air Blank 02:29

# 1 0.114Subject Sample 02:30

3.925Breath Volume 02:30

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.111Subject Sample 02:32

4.351Breath Volume 02:32

0.000Air Blank 02:33

0.077Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:1806/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

01:10

Jacksonville SO

BYRNE,J

05/05/2020

05218080A3

Jacksonville SO

DINKINS,CHRISTOPHER,D

SCHOENFELD

06/19/2018

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

# 1 0.000Subject Sample 03:06

1.351Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.000Subject Sample 03:08

1.347Breath Volume 03:08

0.000Air Blank 03:09

0.077Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 07/16/2018 21:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3906/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:05

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

GEMMA

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.081Control Test 03:09

0.000Air Blank 03:09

# 1 0.145Subject Sample 03:10

2.222Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.149Subject Sample 03:14

2.441Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:3806/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:59

Nassau County SO

MOYER,J

10/05/2019

22817080A5

Nassau County SO

WEBB,CATHERINE,D

OQUINN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.082Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2Subject Sample 03:09 No Sample Provided

0.000Breath Volume 03:09

0.000Air Blank 03:09

0.081Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:2506/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

00:41

Nassau County SO

JONES,J

10/05/2019

22817080A5

Nassau County SO

CAMPBELL,D,R

BOLDEN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:53

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3806/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:25

Nassau County SO

DE LEON,L

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

CHRISTENSEN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.081Control Test 00:46

0.000Air Blank 00:46

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:47

0.082Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:0806/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:06

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

MELVIN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.078Control Test 05:56

Air Blank 05:56 Ambient Fail

0.000Air Blank 05:57

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:3006/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:06

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

MELVIN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.081Control Test 06:00

0.000Air Blank 06:00

# 1Subject Sample 06:01 Subject Test Refused

0.000Breath Volume 06:01

0.000Air Blank 06:01

0.081Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4606/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:41

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

MORGAN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1 0.160Subject Sample 02:28

3.250Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.168Subject Sample 02:31

3.113Breath Volume 02:31

0.000Air Blank 02:31

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:0006/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:09

Nassau County SO

JACKSON,R

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

RAY

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

# 1 0.125Subject Sample 22:07

2.769Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.115Subject Sample 22:10

1.902Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:12

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:56

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

HILL

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:46

# 1 0.194Subject Sample 02:49

1.441Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.205Subject Sample 02:52

1.722Breath Volume 02:52

0.000Air Blank 02:53

0.079Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0506/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:03

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

HILDRETH

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.081Control Test 22:01

0.000Air Blank 22:02

# 1 0.047Subject Sample 22:03

2.703Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.040Subject Sample 22:06

2.167Breath Volume 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:4806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

15:32

Nassau County SO

THOMASON,P

10/05/2019

22817080A5

FHP Troop G

HIRES,J,L

DUNN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

# 1 0.021Subject Sample 22:48

1.757Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.019Subject Sample 22:51

1.371Breath Volume 22:51

Air Blank 22:52 RFI Detect

0.000Air Blank 22:52

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3706/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

19:41

Nassau County SO

SWEAT,FRANK

10/05/2019

22817080A5

FFWCC (Lake City)

WOOLARD,RAYMOND,C

SMITH

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:15

0.081Control Test 21:15

0.000Air Blank 21:15

# 1 0.098Subject Sample 21:16

2.445Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.095Subject Sample 21:19

1.421Breath Volume 21:19

0.000Air Blank 21:19

0.080Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 06/27/2018 08:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:1206/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

17:59

Nassau County SO

REYNOLDS,M

10/05/2019

22817080A5

Nassau County SO

CAMPBELL,D,R

RHOADES

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:56

0.000Air Blank 18:57

0.080Control Test 18:57

0.000Air Blank 18:57

# 1 0.263Subject Sample 18:58

2.046Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.259Subject Sample 19:01

1.964Breath Volume 19:01

0.000Air Blank 19:02

0.078Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:3406/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:33

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

HIRES,J,L

JACKSON

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.081Control Test 19:34

0.000Air Blank 19:35

# 1Subject Sample 19:35 Subject Test Refused

0.000Breath Volume 19:35

0.000Air Blank 19:35

0.079Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0706/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

23:51

Nassau County SO

DUGGAN,L

10/05/2019

22817080A5

Nassau County SO

WEBB,CATHERINE,D

HEREFORD

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.075Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:59 No Sample Provided

0.000Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2Subject Sample 02:04 No Sample Provided

0.000Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1506/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:31

Nassau County SO

SANDIFER,R

10/05/2019

22817080A5

Nassau County SO

CAMPBELL,D,R

RIOS

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

# 1 0.231Subject Sample 03:28

2.605Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.227Subject Sample 03:31

1.988Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5606/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:16

Nassau County SO

REYNOLDS,M

10/05/2019

22817080A5

Nassau County SO

CAMPBELL,D,R

DIGGAN

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.131Subject Sample 03:11

1.781Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5406/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:57

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

CHOPINEAU

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.081Control Test 02:27

0.000Air Blank 02:27

# 1 0.084Subject Sample 02:29

1.351Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.099Subject Sample 02:33

1.292Breath Volume 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5606/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:00

Nassau County SO

ZITTROWER,T

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

BROOKS

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:19

# 1Subject Sample 04:19 Subject Test Refused

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:59

Nassau County SO

M,DELACRUZ

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

JACKSON

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:39

# 1 0.208Subject Sample 04:41

2.976Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.206Subject Sample 04:45

1.863Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5206/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:05

Nassau County SO

JACKSON,R

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

BROWNING

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.081Control Test 00:56

0.000Air Blank 00:56

# 1 0.193Subject Sample 00:58

1.468Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.196Subject Sample 01:01

2.117Breath Volume 01:01

0.000Air Blank 01:01

0.077Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:3106/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:51

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

HIRES,J,L

FISHER

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:37

# 1 0.150Subject Sample 03:38

1.769Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.146Subject Sample 03:41

1.269Breath Volume 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:19

Nassau County SO

DELEON,L

10/05/2019

22817080A5

Nassau County SO

HIRES,J,L

BROOKINS

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

# 1 0.296Subject Sample 22:34

2.144Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.299Subject Sample 22:37

2.011Breath Volume 22:37

0.000Air Blank 22:38

0.078Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0106/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:59

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

BARNES

05/26/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

# 1Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:43

Data Download Date/Time: 06/27/2018 08:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:34

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

HIRES,J,L

RUOSS

06/27/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 08/03/2018 08:47

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:48

Nassau County SO

DELCRUZ,M

10/05/2019

22817080A5

Nassau County SO

CARDONA,K,C

CORNELIUS

06/27/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

# 1 0.274Subject Sample 00:45

1.398Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.265Subject Sample 00:48

1.363Breath Volume 00:48

0.000Air Blank 00:49

0.080Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 08/03/2018 08:47

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4106/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:32

Nassau County SO

HUNTER,M

10/05/2019

22817080A5

Nassau County SO

HIRES,J,L

CHIRINOS RODRIGUEZ

06/27/2018

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.082Control Test 03:45

0.000Air Blank 03:46

# 1Subject Sample 03:46 Subject Test Refused

0.000Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 08/03/2018 08:47

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001282CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0806/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:16

U of Fl PD

PRESNELL,ETHAN

10/05/2019

22817080A4

High Springs PD

MOROS,JACOB,A

IVANOV

05/29/2018

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.076Control Test 03:35

0.000Air Blank 03:36

# 1 0.123Subject Sample 03:36

2.292Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.125Subject Sample 03:39

2.007Breath Volume 03:39

0.000Air Blank 03:40

0.076Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 07/30/2018 14:44

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:1306/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:15

FHP Troop B

WHITAKER,ROBERT

01/12/2019

259585

Gilchrist County SO

GANUS,GLEN,A

ROGERS

05/23/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.078Control Test 20:38

0.000Air Blank 20:39

# 1 0.131Subject Sample 20:39

1.781Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.126Subject Sample 20:42

1.550Breath Volume 20:42

0.000Air Blank 20:43

0.078Control Test 20:43

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 06/27/2018 01:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

10:57

FHP Troop B

FULTON,DARIN

01/12/2019

259585

FHP Troop B

FULTON,DARIN,M

PHILLIPS

05/23/2018

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:43

0.079Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/27/2018 01:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:2706/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:00

FHP Troop G

ROBINSON,KYLE

01/05/2019

32316080A3

FHP Troop G

ROBINSON,KYLE,A

JOHNS

05/30/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.082Control Test 23:32

0.000Air Blank 23:33

# 1 0.212Subject Sample 23:35

3.421Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:37

# 2 0.186Subject Sample 23:40 Volume Not Met

0.035Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 3Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 06/27/2018 20:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3706/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

10:42

FHP Troop G

HATTLE,JEFFREY

01/05/2019

32316080A3

FHP Troop G

HATTLE,JEFFREY,W

GIDDENS

05/30/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

# 1 0.116Subject Sample 02:06

3.996Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.124Subject Sample 02:09

3.683Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 06/27/2018 20:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:3806/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:49

FHP Troop G

FARLEY,JOSEPH

01/05/2019

32316080A3

FHP Troop G

FARLEY,JOSEPH,E

HARVEY

05/30/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.082Control Test 03:32

0.000Air Blank 03:32

# 1 0.078Subject Sample 03:33

3.621Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.081Subject Sample 03:36

4.003Breath Volume 03:36

0.000Air Blank 03:36

0.082Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 06/27/2018 20:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:09

FHP Troop G

BRANNON,AARON

01/05/2019

32316080A3

FHP Troop G

BRANNON,AARON,K

HARTER

05/30/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.082Control Test 21:53

0.000Air Blank 21:54

# 1Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.082Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 06/27/2018 20:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:3306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:59

FHP Troop G

FARLEY,JOSEPH

01/05/2019

32316080A3

FHP Troop G

FARLEY,JOSEPH,E

JOHNSON

06/27/2018

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.082Control Test 23:31

0.000Air Blank 23:31

# 1 0.052Subject Sample 23:32

2.851Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.051Subject Sample 23:35

2.167Breath Volume 23:35

0.000Air Blank 23:35

0.081Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 07/22/2018 10:33

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:26

00:20

FHP Troop G

SMITH,JEFFREY

07/14/2018

AG619605

Bradford County SO

ROBINSON,KYLE,A

HANSON

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.077Control Test 01:19

0.000Air Blank 01:20

# 1 0.170Subject Sample 01:22

1.722Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.160Subject Sample 01:25

2.218Breath Volume 01:25

Air Blank 01:25 Improper Sample

0.000Air Blank 01:25

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:44

Bradford County SO

MORRELL,JOSEPH

07/14/2018

AG619605

Bradford County SO

MORRELL,JOSEPH,B

GOODMAN

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.078Control Test 02:11

0.000Air Blank 02:11

# 1 0.108Subject Sample 02:12

1.574Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.095Subject Sample 02:17

1.367Breath Volume 02:17

0.000Air Blank 02:18

0.077Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:19

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4806/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:22

FHP Troop G

ROBINSON,KYLE

07/14/2018

AG619605

FHP Troop G

ROBINSON,KYLE,A

ADDISON

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.037Subject Sample 03:43

1.210Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.037Subject Sample 03:46

2.183Breath Volume 03:46

0.000Air Blank 03:46

0.078Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5206/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:38

Bradford County SO

MORRELL,JOSEPH

07/14/2018

AG619605

Bradford County SO

MORRELL,JOSEPH,B

ALTMAN

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

Air Blank 23:08 RFI Detect

0.000Air Blank 23:08

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4706/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:38

Bradford County SO

MORRELL,JOSEPH

07/14/2018

AG619605

Bradford County SO

MORRELL,JOSEPH,B

ALTMAN

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:13

# 1Subject Sample 23:13 Subject Test Refused

0.000Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1306/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:01

Bradford County SO

WILLIAMS,TERRELL

07/14/2018

AG619605

Bradford County SO

WILLIAMS,TERRELL,G

WHITFORD

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:40 No Sample Provided

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4606/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:36

FHP Troop G

HILLIARD,KARI

07/14/2018

AG619605

FHP Troop G

HILLIARD,KARI,A

CREWS

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

# 1 0.155Subject Sample 04:49

1.117Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.150Subject Sample 04:53

2.003Breath Volume 04:53

0.000Air Blank 04:53

0.079Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:4806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:49

Bradford County SO

WILLIAMS,TERRELL

07/14/2018

AG619605

Bradford County SO

WILLIAMS,TERRELL,G

SHULTS

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.078Control Test 04:21

0.000Air Blank 04:22

# 1Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3606/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:07

FHP Troop G

STARLING,MICHAEL

07/14/2018

AG619605

Lawtey PD

SMATT,JUSTIN,M

PILGRIM

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:36

# 1 0.234Subject Sample 23:37

3.535Breath Volume 23:37

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.192Subject Sample 23:40

1.316Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 3 0.229Subject Sample 23:43

3.812Breath Volume 23:43

0.000Air Blank 23:43

0.078Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4706/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:55

FHP Troop G

STAATS,PHILLIP

07/14/2018

AG619605

Lawtey PD

BRANNON,AARON,K

GLOTZER

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.214Subject Sample 21:53 Volume Not Met

0.335Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.230Subject Sample 21:59 Volume Not Met

0.753Breath Volume 21:59

0.000Air Blank 21:59

0.079Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:3306/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:55

FHP Troop G

STAATS,PHILLIP

07/14/2018

AG619605

Lawtey PD

BRANNON,AARON,K

GLOTZER

05/05/2018

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.077Control Test 22:03

0.000Air Blank 22:04

# 1 0.242Subject Sample 22:04

1.585Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.237Subject Sample 22:08

1.523Breath Volume 22:08

0.000Air Blank 22:09

0.077Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 06/30/2018 15:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:3906/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

05:03

FHP Troop B

MASH,EARL

07/14/2018

AG619605

FHP Troop B

MASH,EARL,C

DILLARD

05/03/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

Air Blank 05:37 RFI Detect

0.000Air Blank 05:37

Data Download Date/Time: 06/30/2018 06:25

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:3906/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

05:03

FHP Troop B

MASH,EARL

07/14/2018

AG619605

FHP Troop B

MASH,EARL,C

DILLARD

05/03/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

# 1Subject Sample 05:42 Subject Test Refused

0.000Breath Volume 05:42

Air Blank 05:43 RFI Detect

0.000Air Blank 05:43

Data Download Date/Time: 06/30/2018 06:25

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:1506/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:03

FHP Troop B

MASH,EARL

07/14/2018

AG619605

FHP Troop B

MASH,EARL,C

DILLARD

05/03/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.079Control Test 05:31

0.000Air Blank 05:31

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:32

0.080Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 06/30/2018 06:25

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:2606/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

19:20

Levy County SO

LONG,K

07/14/2018

AG619605

Williston PD

POLK,AUSTIN,B

RATLEY

05/03/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

# 1 0.097Subject Sample 22:06

4.281Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.077Subject Sample 22:08

1.437Breath Volume 22:08

0.000Air Blank 22:09

0.078Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 06/30/2018 06:25

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:3006/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:33

Santa Rosa County SO

GRANTHAM,WILLIAM

10/24/2018

AG629801

Santa Rosa County SO

GRANTHAM,WILLIAM,H

COLEY

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:23

# 1Subject Sample 23:26 No Sample Provided

0.000Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2Subject Sample 23:32 No Sample Provided

0.000Breath Volume 23:32

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:4906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:00

Santa Rosa County SO

PHILLIPS,SMUEL

10/24/2018

AG629801

Santa Rosa County SO

PHILLIPS,SAMUEL,S

SMITH

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.077Control Test 02:12

0.000Air Blank 02:12

# 1 0.228Subject Sample 02:13

4.101Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.233Subject Sample 02:16

4.285Breath Volume 02:16

0.000Air Blank 02:16

0.078Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:0106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

03:43

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

BRYANT

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:27

0.000Air Blank 05:27

0.079Control Test 05:28

0.000Air Blank 05:28

# 1Subject Sample 05:30 Subject Test Refused

0.000Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:32

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:1006/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:21

18:55

FFWCC (Panama City)

JONES,HOWARD

10/24/2018

AG629801

FFWCC (Panama City)

MULLINS,JACKSON,K

GOODYEAR

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.079Control Test 20:43

0.000Air Blank 20:43

# 1Subject Sample 20:45 Subject Test Refused

0.000Breath Volume 20:45

0.000Air Blank 20:46

0.079Control Test 20:46

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5306/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:21

18:55

FFWCC (Panama City)

JONES,HOWARD

10/24/2018

AG629801

FFWCC (Panama City)

MULLINS,JACKSON,K

GOODYEAR

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:53

0.079Control Test 20:54

0.000Air Blank 20:54

# 1 0.219Subject Sample 20:57 Volume Not Met

0.929Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2Subject Sample 21:03 No Sample Provided

0.000Breath Volume 21:03

0.000Air Blank 21:03

0.078Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:0006/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:35

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

SPLINTER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.263Subject Sample 00:37

3.433Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:39

# 2 0.256Subject Sample 00:40

4.062Breath Volume 00:40

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:42

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:11:4206/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:32

11:45

FHP Troop A

STEINER,ZACHARY

10/24/2018

AG629801

FHP Troop A

STEINER,ZACHARY,A

REGISTER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:05

0.000Air Blank 13:05

0.079Control Test 13:06

0.000Air Blank 13:06

# 1 0.273Subject Sample 13:07

3.277Breath Volume 13:07

0.000Air Blank 13:07

0.000Air Blank 13:09

# 2 0.276Subject Sample 13:10

3.226Breath Volume 13:10

0.000Air Blank 13:10

0.078Control Test 13:11

0.000Air Blank 13:11

OKDiagnostics Check 13:11

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:3106/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:49

Santa Rosa County SO

HOWTON,CARSON

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

WHITFIELD

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

# 1 0.123Subject Sample 23:25

2.289Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.119Subject Sample 23:28

1.406Breath Volume 23:28

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:2106/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:04

Santa Rosa County SO

OBANNON,ANTHONY

10/24/2018

AG629801

Santa Rosa County SO

WELFORD,DERIC,M

BRATTON

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:02

0.000Air Blank 18:02

0.079Control Test 18:03

0.000Air Blank 18:03

# 1 0.124Subject Sample 18:05

2.601Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.119Subject Sample 18:08

1.632Breath Volume 18:08

0.000Air Blank 18:09

0.079Control Test 18:09

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:5706/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:02

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

RODRIGUEZ

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

# 1 0.047Subject Sample 02:08

1.339Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.047Subject Sample 02:11

1.554Breath Volume 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/30/2018 23:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5206/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:08

Santa Rosa County SO

WEAVER,COREY

10/24/2018

AG629801

Santa Rosa County SO

WEAVER,COREY,R

CHAPIN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

# 1 0.120Subject Sample 02:04

2.488Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.114Subject Sample 02:07

2.992Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:54:3206/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:27

17:06

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

BARRE

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:47

0.000Air Blank 17:48

0.079Control Test 17:48

0.000Air Blank 17:48

# 1 0.000Subject Sample 17:49

3.335Breath Volume 17:49

0.000Air Blank 17:50

0.000Air Blank 17:52

# 2 0.000Subject Sample 17:53

1.910Breath Volume 17:53

0.000Air Blank 17:53

0.079Control Test 17:53

0.000Air Blank 17:54

OKDiagnostics Check 17:54

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:4506/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:01

Santa Rosa County SO

OBANNON,ANTHONY

10/24/2018

AG629801

Santa Rosa County SO

DOGGETTE,MASON,J

BURTON

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:05

0.000Air Blank 19:06

0.078Control Test 19:06

0.000Air Blank 19:06

# 1 0.200Subject Sample 19:07

2.007Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.195Subject Sample 19:10

2.894Breath Volume 19:10

0.000Air Blank 19:10

0.079Control Test 19:11

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:5806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:15

Santa Rosa County SO

SIMPSON,ANDREW

10/24/2018

AG629801

Santa Rosa County SO

SIMPSON,ANDREW,J

LANIER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

# 1 0.156Subject Sample 04:15

3.289Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.150Subject Sample 04:18

2.808Breath Volume 04:18

0.000Air Blank 04:19

0.078Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5606/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:01

Santa Rosa County SO

CHAPMAN,MAVERICK

10/24/2018

AG629801

Santa Rosa County SO

CHAPMAN,MAVERICK,E

VILLANE

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:44

# 1Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:0806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:19

Santa Rosa County SO

SPENCER,RAYMOND

10/24/2018

AG629801

Santa Rosa County SO

SPENCER,RAYMOND,L

SMITH

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

# 1 0.142Subject Sample 05:12 Volume Not Met

0.976Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.149Subject Sample 05:15

1.593Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 3 0.150Subject Sample 05:18

1.695Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:52:3806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:32

Santa Rosa County SO

LYSTER,MARK

10/24/2018

AG629801

Santa Rosa County SO

CLEMENTS,WILLIAM,J

JESS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:46

0.000Air Blank 07:46

0.078Control Test 07:47

0.000Air Blank 07:47

# 1 0.168Subject Sample 07:48

1.320Breath Volume 07:48

0.000Air Blank 07:48

0.000Air Blank 07:50

# 2 0.164Subject Sample 07:51

2.851Breath Volume 07:51

0.000Air Blank 07:51

0.077Control Test 07:52

0.000Air Blank 07:52

OKDiagnostics Check 07:52

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:1206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

18:45

FHP Troop A

STEINER,ZACHARY

10/24/2018

AG629801

FHP Troop A

STEINER,ZACHARY,A

MORRIS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.079Control Test 19:44

0.000Air Blank 19:45

# 1 0.000Subject Sample 19:45

2.109Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.000Subject Sample 19:48

2.218Breath Volume 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:4606/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:43

Santa Rosa County SO

POND,CURTISS

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

SZEREDY

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.079Control Test 21:41

0.000Air Blank 21:41

# 1 0.154Subject Sample 21:42

1.554Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.155Subject Sample 21:45

2.332Breath Volume 21:45

0.000Air Blank 21:45

0.078Control Test 21:46

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:3506/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:57

Santa Rosa County SO

ADAMS,WILLIAM

10/24/2018

AG629801

Santa Rosa County SO

ADAMS,WILLIAM,E

HUMPHREYS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0406/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:04

Santa Rosa County SO

COFFELT,DYLAN

10/24/2018

AG629801

Santa Rosa County SO

COFFELT,DYLAN,H

VAUGHN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.079Control Test 05:06

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:07

0.079Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:08

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:40:3006/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

14:03

Santa Rosa County SO

LUGG,CHRIS

10/24/2018

AG629801

FFWCC (Panama City)

GRANTHAM,WILLIAM,H

BROWN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

0.000Air Blank 16:38

0.079Control Test 16:38

0.000Air Blank 16:38

# 1Subject Sample 16:39 Subject Test Refused

0.000Breath Volume 16:39

0.000Air Blank 16:39

0.078Control Test 16:39

0.000Air Blank 16:40

OKDiagnostics Check 16:40

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:3806/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:35

FHP Troop A

STEINER,ZACHARY

10/24/2018

AG629801

FHP Troop A

STEINER,ZACHARY,A

COOPER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:22

# 1 0.000Subject Sample 18:23

1.707Breath Volume 18:23

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.000Subject Sample 18:26

1.210Breath Volume 18:26

0.000Air Blank 18:26

0.080Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:1706/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:52

05:30

Santa Rosa County SO

BODNOVITS,JASON

10/24/2018

AG629801

Santa Rosa County SO

SCHOTSCH,RYAN,A

LETEMPT

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.078Control Test 06:16

0.000Air Blank 06:16

# 1 0.218Subject Sample 06:17

3.000Breath Volume 06:17

0.000Air Blank 06:18

0.000Air Blank 06:20

# 2 0.206Subject Sample 06:20

2.003Breath Volume 06:20

0.000Air Blank 06:21

0.078Control Test 06:21

0.000Air Blank 06:22

OKDiagnostics Check 06:22

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4606/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:15

Santa Rosa County SO

QUICK,STEPHEN

10/24/2018

AG629801

Santa Rosa County SO

QUICK,STEPHEN,W

ATKINS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.078Control Test 23:59

0.000Air Blank 23:59

# 1 0.127Subject Sample 00:00

1.937Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.124Subject Sample 00:03

2.031Breath Volume 00:03

0.000Air Blank 00:03

0.076Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:5006/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:46

Santa Rosa County SO

CRIBB,BRIAN

10/24/2018

AG629801

Santa Rosa County SO

CRIBB,BRIAN,S

MEJIA CORDOVA

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.077Control Test 21:51

0.000Air Blank 21:52

# 1 0.206Subject Sample 21:52

2.593Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:54

# 2 0.189Subject Sample 21:55

1.968Breath Volume 21:55

0.000Air Blank 21:55

0.076Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:2706/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:08

Santa Rosa County SO

WAY,ROBERT

10/24/2018

AG629801

Santa Rosa County SO

WAY,ROBERT,R

HICKS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 19:00

# 1Subject Sample 19:01 Subject Test Refused

0.000Breath Volume 19:01

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:5406/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:59

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

THOMPSON

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:50

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:51

# 1 0.158Subject Sample 20:52

2.320Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:54

# 2 0.160Subject Sample 20:55

2.750Breath Volume 20:55

0.000Air Blank 20:56

0.079Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4906/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:52

Santa Rosa County SO

JONES,COREY

10/24/2018

AG629801

Santa Rosa County SO

JONES,COREY,M

BEASLEY

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.079Control Test 22:39

0.000Air Blank 22:39

# 1Subject Sample 22:40 Subject Test Refused

0.000Breath Volume 22:40

0.000Air Blank 22:40

0.080Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0406/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:34

Santa Rosa County SO

DANIELS,DAVID

10/24/2018

AG629801

Santa Rosa County SO

DANIELS,DAVID,C

KNIGHT

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:45

# 1 0.135Subject Sample 02:46

2.886Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.142Subject Sample 02:49

2.929Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:5906/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:32

18:10

Santa Rosa County SO

SEVILLA,NOEL

10/24/2018

AG629801

Santa Rosa County SO

RAMIREZ,MICHAEL,E

AL-SOWAYAN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:23

0.000Air Blank 19:24

0.079Control Test 19:24

0.000Air Blank 19:24

# 1 0.000Subject Sample 19:25

3.128Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.000Subject Sample 19:28

2.843Breath Volume 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:1906/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:16

Santa Rosa County SO

SIMPSON,ANDREW

10/24/2018

AG629801

Santa Rosa County SO

SIMPSON,ANDREW,J

GRAHAM

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2906/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:29

Santa Rosa County SO

OBANNON,ANTHONY

10/24/2018

AG629801

Santa Rosa County SO

HOWTON,CARSON,H

CRISCO

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1 0.131Subject Sample 01:39

1.753Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.138Subject Sample 01:42

1.832Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:0306/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:32

Santa Rosa County SO

FORD,JEREMIAH

10/24/2018

AG629801

Santa Rosa County SO

FORD,JEREMIAH,L

SENDER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.079Control Test 20:37

0.000Air Blank 20:37

# 1 0.000Subject Sample 20:38

2.835Breath Volume 20:38

0.000Air Blank 20:39

0.000Air Blank 20:41

# 2 0.000Subject Sample 20:41

2.921Breath Volume 20:41

0.000Air Blank 20:42

0.079Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:43

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:45

Santa Rosa County SO

NAGY,COLE

10/24/2018

AG629801

Santa Rosa County SO

HARGITT,JOSHUA,J

KLINGER

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.079Control Test 21:18

0.000Air Blank 21:19

# 1 0.000Subject Sample 21:19

2.460Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.000Subject Sample 21:23

3.191Breath Volume 21:23

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:3306/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:01

Santa Rosa County SO

ADAMS,WILLIAM

10/24/2018

AG629801

Santa Rosa County SO

ADAMS,WILLIAM,E

ANDERSON

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:23

1.269Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:26

3.238Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:1006/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:31

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

WARREN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1Subject Sample 19:25 No Sample Provided

0.000Breath Volume 19:25

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2Subject Sample 19:30 No Sample Provided

0.000Breath Volume 19:30

0.000Air Blank 19:31

0.079Control Test 19:31

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:1406/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:31

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

WARREN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.079Control Test 19:34

0.000Air Blank 19:34

# 1Subject Sample 19:36 Subject Test Refused

0.000Breath Volume 19:36

0.000Air Blank 19:37

0.079Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:2306/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

12:13

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

BETTS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

# 1Subject Sample 01:04 No Sample Provided

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.173Subject Sample 01:09 Volume Not Met

0.097Breath Volume 01:09

0.000Air Blank 01:10

0.078Control Test 01:10

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:0606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

12:13

Santa Rosa County SO

MOYE,JAMES

10/24/2018

AG629801

Santa Rosa County SO

MOYE,JAMES,M

BETTS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

# 1 0.167Subject Sample 01:17

1.796Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.165Subject Sample 01:20

1.359Breath Volume 01:20

0.000Air Blank 01:21

0.076Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:03:3306/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:09

Santa Rosa County SO

HARVOTH,DANIEL

10/24/2018

AG629801

Santa Rosa County SO

HARVOTH,DANIEL,P

SCALLAN

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.078Control Test 05:56

0.000Air Blank 05:56

# 1 0.247Subject Sample 05:58

4.492Breath Volume 05:58

0.000Air Blank 05:58

0.000Air Blank 06:00

# 2 0.232Subject Sample 06:01

4.371Breath Volume 06:01

0.000Air Blank 06:02

0.079Control Test 06:02

0.000Air Blank 06:03

OKDiagnostics Check 06:03

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2906/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:26

Santa Rosa County SO

JONES,COREY

10/24/2018

AG629801

Santa Rosa County SO

JONES,COREY,M

SORRELLS

05/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

# 1 0.160Subject Sample 00:20

1.492Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:22

# 2 0.164Subject Sample 00:25

2.125Breath Volume 00:25

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 06/30/2018 23:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:1706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

05:12

Marianna PD

SIMMONS,CHARLES

02/07/2021

906364

Marianna PD

SIMMONS,CHARLES,M

GODFREY

05/08/2018

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.082Control Test 05:22

0.000Air Blank 05:23

# 1 0.080Subject Sample 05:26 Volume Not Met

0.292Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.082Subject Sample 05:29

2.292Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 3 0.078Subject Sample 05:32

1.722Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 06/14/2018 14:59

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:3906/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:35

FHP Troop A

MOORE,JACOB

08/12/2019

AG722402

FHP Troop A

MOORE,JACOB,A

SHOEMAKER

06/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1 0.113Subject Sample 21:52

3.042Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.114Subject Sample 21:55

3.250Breath Volume 21:55

0.000Air Blank 21:55

0.079Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 07/30/2018 12:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:50

Panama City PD

DUS,CHRISTINA

08/12/2019

AG722402

Panama City PD

ALLYN,WILLIAM,P

JONES

06/28/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.126Subject Sample 00:38

1.332Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.136Subject Sample 00:41

1.816Breath Volume 00:41

0.000Air Blank 00:42

0.079Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 07/30/2018 12:05

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:0906/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:58

Bay County SO

CHASTAIN,KRISTA

08/12/2019

AG722402

Bay County SO

HARRELL,CHAD,A

SPIEKER ESPINOZA

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

# 1Subject Sample 21:53 Subject Test Refused

0.000Breath Volume 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

21:21

Bay County SO

HARRELL,CHAD

08/12/2019

AG722402

Bay County SO

HARRELL,CHAD,A

TEDESCHI

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

# 1 0.185Subject Sample 21:53

2.335Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.186Subject Sample 21:56

2.445Breath Volume 21:56

0.000Air Blank 21:56

0.080Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3106/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:23

Bay County SO

MCGOWIN,JAKE

08/12/2019

AG722402

Bay County SO

POTTER,MONTREZ,R

SMITH

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:13

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:4706/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:47

Bay County SO

POTTER,MONTREZ

08/12/2019

AG722402

Bay County SO

POTTER,MONTREZ,R

ARMISTEAD

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:16

FHP Troop A

WILEY,DAVID

08/12/2019

AG722402

FHP Troop A

WILEY,DAVID,W

CONGI

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.080Control Test 00:17

0.000Air Blank 00:17

# 1Subject Sample 00:18 RFI Detect

0.023Breath Volume 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0606/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:16

FHP Troop A

WILEY,DAVID

08/12/2019

AG722402

FHP Troop A

WILEY,DAVID,W

CONGI

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:22

# 1 0.138Subject Sample 00:25 Volume Not Met

0.085Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.150Subject Sample 00:31 Volume Not Met

0.000Breath Volume 00:31

0.000Air Blank 00:32

0.076Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:53:0506/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:43

FHP Troop A

LINCOLN,TREY

08/12/2019

AG722402

FHP Troop A

LINCOLN,TREY,B

SWISHER

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.079Control Test 17:46

0.000Air Blank 17:46

# 1 0.194Subject Sample 17:48

3.121Breath Volume 17:48

0.000Air Blank 17:49

0.000Air Blank 17:50

# 2 0.193Subject Sample 17:51

3.152Breath Volume 17:51

0.000Air Blank 17:52

0.079Control Test 17:52

0.000Air Blank 17:53

OKDiagnostics Check 17:53

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2706/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

20:18

Panama City PD

HERNANDEZ,LINWOOD

08/12/2019

AG722402

Panama City PD

HERNANDEZ,LINWOOD,A

STUART

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:22

# 1Subject Sample 21:23 RFI Detect

0.000Breath Volume 21:23

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4806/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

20:18

Panama City PD

HERNANDEZ,LINWOOD

08/12/2019

AG722402

Panama City PD

HERNANDEZ,LINWOOD,A

STUART

05/29/2018

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.113Subject Sample 21:28

1.500Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 2 0.109Subject Sample 21:34 Volume Not Met

0.191Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 3 0.114Subject Sample 21:38

2.308Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 06/28/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:2306/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:43

Niceville PD

GILL,WAYLON

08/04/2019

507129

Niceville PD

PAINE,HORACE,R

MANGUM

06/01/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.078Control Test 00:03

0.000Air Blank 00:04

# 1 0.261Subject Sample 00:04

3.093Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.249Subject Sample 00:07

1.984Breath Volume 00:07

0.000Air Blank 00:08

0.078Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 08/03/2018 22:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:3806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

00:05

Niceville PD

HANCOCK,ROBERT

12/06/2020

869968

Eglin AFB PD

MCINTOSH,ZANE,R

RICHARDSON

06/01/2018

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:51

0.000Air Blank 06:51

0.081Control Test 06:51

0.000Air Blank 06:52

# 1 0.159Subject Sample 06:53

2.625Breath Volume 06:53

0.000Air Blank 06:53

0.000Air Blank 06:55

# 2 0.157Subject Sample 06:57

2.699Breath Volume 06:57

0.000Air Blank 06:57

0.081Control Test 06:58

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 08/03/2018 22:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1906/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:10

DeFuniak Springs PD

YOUNGHANSE,KYLE

08/04/2019

507129

DeFuniak Springs PD

YOUNGHANSE,KYLE,O

SUTTLES

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

# 1 0.000Subject Sample 02:46

1.792Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.000Subject Sample 02:48

2.390Breath Volume 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:0606/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:12

Walton County SO

KENDRICK,DEBORAH

08/04/2019

507129

Walton County SO

KENDRICK,DEBORAH,F

BRYANT

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.080Control Test 19:52

0.000Air Blank 19:53

# 1 0.000Subject Sample 19:53

2.300Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.000Subject Sample 19:56

2.785Breath Volume 19:56

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:5006/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:17

13:49

FHP Troop A

YASUDA,SHOHEI

08/04/2019

507129

FHP Troop A

YASUDA,SHOHEI,

SERAFIN

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:42

0.000Air Blank 15:42

0.080Control Test 15:42

0.000Air Blank 15:43

# 1 0.179Subject Sample 15:44

1.281Breath Volume 15:44

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.210Subject Sample 15:47

3.078Breath Volume 15:47

0.000Air Blank 15:48

0.000Air Blank 15:49

# 3 0.182Subject Sample 15:50

1.804Breath Volume 15:50

0.000Air Blank 15:50

0.079Control Test 15:51

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3606/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:01

Walton County SO

JOINER,JESSE

08/04/2019

507129

Walton County SO

ELLISON,STEVEN,L

HARMAN

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

# 1 0.137Subject Sample 01:00

1.480Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.144Subject Sample 01:04

1.449Breath Volume 01:04

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:56:1106/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

10:20

10:20

Walton County SO

KENT,PHILLIP

08/04/2019

507129

Walton County SO

KENT,PHILLIP,S

GRETTY

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:50

0.000Air Blank 10:50

0.080Control Test 10:50

0.000Air Blank 10:51

# 1 0.000Subject Sample 10:52

2.558Breath Volume 10:52

0.000Air Blank 10:52

0.000Air Blank 10:54

# 2 0.000Subject Sample 10:54

1.949Breath Volume 10:54

0.000Air Blank 10:55

0.079Control Test 10:55

0.000Air Blank 10:56

OKDiagnostics Check 10:56

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:32:1606/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

11:00

10:00

FHP Troop A

MOORE,JACOB

08/04/2019

507129

FHP Troop A

MOORE,JACOB,A

GRADDY

05/31/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:26

0.000Air Blank 11:26

0.080Control Test 11:27

0.000Air Blank 11:27

# 1 0.000Subject Sample 11:28

2.085Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.000Subject Sample 11:30

2.335Breath Volume 11:30

0.000Air Blank 11:31

0.081Control Test 11:31

0.000Air Blank 11:32

OKDiagnostics Check 11:32

Data Download Date/Time: 06/15/2018 14:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:2006/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

20:57

DeFuniak Springs PD

YOUNGHANSE,KYLE

04/03/2020

754250

DeFuniak Springs PD

YOUNGHANSE,KYLE,O

WARD

06/15/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.081Control Test 22:31

0.000Air Blank 22:31

# 1 0.000Subject Sample 22:32

3.007Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.000Subject Sample 22:34

3.621Breath Volume 22:34

0.000Air Blank 22:35

0.079Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 07/05/2018 17:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:0606/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:07

Walton County SO

COKONOUGHER,ROBERT

04/03/2020

754250

Walton County SO

AVERY,JOHN,W

HAAS

06/15/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

# 1Subject Sample 22:53 Subject Test Refused

0.000Breath Volume 22:53

0.000Air Blank 22:54

0.082Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 07/05/2018 17:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:5806/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:09

Walton County SO

ROSE,ALEXIS

04/03/2020

754250

Walton County SO

AVERY,JOHN,W

PAULSON

06/15/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.081Control Test 04:38

0.000Air Blank 04:39

# 1Subject Sample 04:39 Subject Test Refused

0.000Breath Volume 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 07/05/2018 17:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

01:37

Walton County SO

AVERY,JOHN

04/03/2020

754250

Walton County SO

AVERY,JOHN,W

BLANE

06/15/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

# 1 0.000Subject Sample 03:18

3.078Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.000Subject Sample 03:21

1.992Breath Volume 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 07/05/2018 17:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:1206/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:16

09:49

Walton County SO

JOHNSON,CAMERON

04/03/2020

754250

Walton County SO

GAYDOS,JONATHAN,A

SANDERS

06/15/2018

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:44

0.000Air Blank 10:44

0.080Control Test 10:45

0.000Air Blank 10:45

# 1Subject Sample 10:47 Subject Test Refused

0.000Breath Volume 10:47

0.000Air Blank 10:48

0.081Control Test 10:48

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 07/05/2018 17:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:3006/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:08

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

JONES,CARL,C

CHANDLER

05/21/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:01

0.000Air Blank 17:01

0.079Control Test 17:01

0.000Air Blank 17:02

# 1 0.216Subject Sample 17:03

1.625Breath Volume 17:03

0.000Air Blank 17:03

0.000Air Blank 17:05

# 2 0.214Subject Sample 17:06

3.148Breath Volume 17:06

0.000Air Blank 17:06

0.079Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 06/13/2018 14:11

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0506/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:01

21:36

Okeechobee County SO

ALLEN,JOHN

08/04/2019

507129

FFWCC (West Palm)

ROGERS,DAVID,E

AGUSTA

06/13/2018

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

# 1 0.066Subject Sample 23:24

2.382Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.068Subject Sample 23:27

2.621Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 07/11/2018 10:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:4206/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

16:29

Port St. Lucie PD

DURBIN,D

09/05/2019

19817080A1

Port St. Lucie PD

BYRNE,JOSEPH,A

HANDZUSH

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:12

0.000Air Blank 17:12

0.078Control Test 17:13

0.000Air Blank 17:13

# 1 0.353Subject Sample 17:14 No .020 agreement

1.320Breath Volume 17:14

0.000Air Blank 17:14

0.000Air Blank 17:16

# 2 0.306Subject Sample 17:17 No .020 agreement

1.562Breath Volume 17:17

0.000Air Blank 17:18

0.000Air Blank 17:19

# 3 0.274Subject Sample 17:23 Volume Not Met

0.367Breath Volume 17:23

0.000Air Blank 17:23

0.076Control Test 17:24

0.000Air Blank 17:24

OKDiagnostics Check 17:24

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:4206/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:53

Port St. Lucie PD

REYNOLDS,MATTHEW

09/05/2019

19817080A1

Port St. Lucie PD

HERRING,TIMOTHY,R

NOLA

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

# 1 0.000Subject Sample 00:26

2.527Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.000Subject Sample 00:29

2.679Breath Volume 00:29

0.000Air Blank 00:29

0.078Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0606/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:47

Port St. Lucie PD

MCINERNEY,J

09/05/2019

19817080A1

Port St. Lucie PD

OJEDA,N,J

JORDON

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

Air Blank 03:23 RFI Detect

Air Blank 03:24 RFI Detect

Data Download Date/Time: 06/29/2018 18:43

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3406/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:47

Port St. Lucie PD

MCINERNEY,J

09/05/2019

19817080A1

Port St. Lucie PD

OJEDA,N,J

JORDON

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.078Control Test 03:28

0.000Air Blank 03:29

# 1 0.137Subject Sample 03:30

1.929Breath Volume 03:30

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.142Subject Sample 03:33

4.335Breath Volume 03:33

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:37

Port St. Lucie PD

MCINERNEY,JESSE

09/05/2019

19817080A1

Port St. Lucie PD

THOMPSON,BRIAN,J

ERAZO

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.079Control Test 21:12

0.000Air Blank 21:12

# 1Subject Sample 21:15 No Sample Provided

0.000Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2Subject Sample 21:21 No Sample Provided

0.000Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1606/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:37

Port St. Lucie PD

MCINERNEY,JESSE

09/05/2019

19817080A1

Port St. Lucie PD

THOMPSON,BRIAN,J

ERAZO

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.079Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:25 Subject Test Refused

0.000Breath Volume 21:25

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:50:5906/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:21

14:14

Port St. Lucie PD

HARRIS,IAN

09/05/2019

19817080A1

Port St. Lucie PD

HARRIS,IAN,

DECKARD

05/30/2018

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:44

0.000Air Blank 14:45

0.079Control Test 14:45

0.000Air Blank 14:46

# 1 0.187Subject Sample 14:46

1.339Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.184Subject Sample 14:49

1.246Breath Volume 14:49

0.000Air Blank 14:50

0.078Control Test 14:50

0.000Air Blank 14:50

OKDiagnostics Check 14:50

Data Download Date/Time: 06/29/2018 18:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:1806/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:05

Indian River Co SO

JOERGER,SHANE

01/23/2020

684131

Indian River Co SO

YORK,JIMMY,A

JENNINGS

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.079Control Test 04:36

0.000Air Blank 04:37

# 1 0.199Subject Sample 04:38

2.195Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.201Subject Sample 04:41

2.566Breath Volume 04:41

0.000Air Blank 04:42

0.078Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3106/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:44

Indian River Co SO

THOMAS,LACY

01/23/2020

684131

Indian River Co SO

HOLIDAY,LATONYA,A

DIAZ

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.205Subject Sample 00:39

1.480Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.211Subject Sample 00:42

1.609Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:5806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:02

15:26

Indian River Co SO

BARKWELL,J

01/23/2020

684131

Indian River Co SO

C,WHILE,J

MELTON

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:28

0.079Control Test 16:28

0.000Air Blank 16:29

# 1 0.193Subject Sample 16:29

2.140Breath Volume 16:29

0.000Air Blank 16:30

0.000Air Blank 16:32

# 2 0.167Subject Sample 16:32

1.519Breath Volume 16:32

0.000Air Blank 16:33

0.000Air Blank 16:35

# 3 0.180Subject Sample 16:35

1.593Breath Volume 16:35

0.000Air Blank 16:36

0.079Control Test 16:36

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5806/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:07

Indian River Co SO

FRICKE,JOANNA

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

WHITE

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.145Subject Sample 03:12

1.519Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.153Subject Sample 03:15

1.621Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:3106/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:53

Indian River Co SO

RUIZ,MIKE

01/23/2020

684131

Fellsmere PD

RAYMOND,FRANK,W

SUBOCK

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:05

# 1 0.112Subject Sample 05:06

1.378Breath Volume 05:06

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2 0.113Subject Sample 05:09

2.695Breath Volume 05:09

0.000Air Blank 05:09

0.078Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:3006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:48

Indian River Co SO

WHITE,CAMERON

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

CASIANO

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:46

# 1Subject Sample 03:47 Subject Test Refused

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:4106/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

16:49

Indian River Co SO

MARROQUIN,R

01/23/2020

684131

FFWCC (Ocala)

WHILE,C,J

DURRELL

05/04/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

# 1Subject Sample 18:32 Subject Test Refused

0.000Breath Volume 18:32

0.000Air Blank 18:32

0.079Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 06/15/2018 05:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:0606/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

18:00

Indian River Co SO

MCKENZIE,BRANDON

01/23/2020

684131

Sebastian PD

WILLIAMS,QUINTON,T

DAVISON

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:00

0.000Air Blank 19:00

0.079Control Test 19:01

0.000Air Blank 19:01

# 1Subject Sample 19:01 Subject Test Refused

0.000Breath Volume 19:01

0.000Air Blank 19:02

0.079Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:4406/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:48

Indian River Co SO

GARNSON,C

01/23/2020

684131

Sebastian PD

WOLSKI,JEFFREY,R

BROWN

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.353Subject Sample 23:38

2.277Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:40

# 2 0.338Subject Sample 23:41

1.441Breath Volume 23:41

0.000Air Blank 23:41

0.078Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3006/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:51

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

HOLIDAY,LATONYA,A

MOSLEY

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:33

# 1Subject Sample 01:34 RFI Detect

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0506/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:51

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

HOLIDAY,LATONYA,A

MOSLEY

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

# 1Subject Sample 01:39 RFI Detect

0.000Breath Volume 01:39

Air Blank 01:39 RFI Detect

Air Blank 01:40 RFI Detect

Data Download Date/Time: 07/13/2018 05:19

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:2906/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:51

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

HOLIDAY,LATONYA,A

MOSLEY

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1 0.021Subject Sample 02:04

1.593Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.021Subject Sample 02:07

2.390Breath Volume 02:07

0.000Air Blank 02:08

0.079Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2206/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:19

Indian River Co SO

EVANS,ANDREW

01/23/2020

684131

Sebastian PD

HOLIDAY,LATONYA,A

JOHANSEN

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.202Subject Sample 02:44

1.703Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.208Subject Sample 02:47

2.320Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3506/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:00

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

HOLIDAY,LATONYA,A

MCGRIFF

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:49

# 1 0.330Subject Sample 03:51

1.765Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.344Subject Sample 03:54

1.117Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:1106/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:07

Indian River Co SO

JAWORSKI,K

01/23/2020

684131

Indian River Co SO

WILLIAMS,QUINTON,T

STEVENS

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:51

# 1 0.153Subject Sample 18:51

1.386Breath Volume 18:51

0.000Air Blank 18:52

0.000Air Blank 18:54

# 2 0.147Subject Sample 18:55

1.355Breath Volume 18:55

0.000Air Blank 18:56

0.078Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:16

Indian River Co SO

ANTOSIA,E

01/23/2020

684131

Sebastian PD

HAMILTON,DEVIN,C

RAMSEY

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:14

0.000Air Blank 01:14

# 1 0.238Subject Sample 01:15

1.449Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.257Subject Sample 01:19

2.621Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:06

00:47

Indian River Co SO

BARKWELL,JAMES

01/23/2020

684131

Indian River Co SO

YORK,JIMMY,A

BENDER

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1 0.140Subject Sample 01:32

1.683Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.140Subject Sample 01:35

1.535Breath Volume 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:32:5206/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:43

Indian River Co SO

NIEVES,L

01/23/2020

684131

Indian River Co SO

WOOD,THERESA,K

SMILEY

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:26

0.000Air Blank 09:27

0.079Control Test 09:27

0.000Air Blank 09:27

# 1 0.000Subject Sample 09:28

2.691Breath Volume 09:28

0.000Air Blank 09:28

0.000Air Blank 09:30

# 2 0.000Subject Sample 09:31

2.875Breath Volume 09:31

0.000Air Blank 09:31

0.079Control Test 09:32

0.000Air Blank 09:32

OKDiagnostics Check 09:32

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:4706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:25

20:30

Vero Beach PD

FONSECA,GIOVANNY

01/23/2020

684131

Vero Beach PD

QUEZADA,ARGENIS,

QUEZADA

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.079Control Test 00:25

0.000Air Blank 00:25

# 1 0.146Subject Sample 00:27

1.765Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:29

# 2 0.127Subject Sample 00:30

1.437Breath Volume 00:30

0.000Air Blank 00:30

0.067Control Test 00:31 Control Outside Tolerance

0.000Air Blank 00:31

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:2006/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:03

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

JACKSON

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.074Control Test 04:56 Control Outside Tolerance

0.000Air Blank 04:57

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:03

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

JACKSON

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.076Control Test 05:00

0.000Air Blank 05:01

# 1Subject Sample 05:04 No Sample Provided

0.000Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.096Subject Sample 05:09 Volume Not Met

0.195Breath Volume 05:09

0.000Air Blank 05:10

0.076Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:03

Indian River Co SO

EGGERS,RYAN

01/23/2020

684131

Indian River Co SO

RAYMOND,FRANK,W

JACKSON

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.075Control Test 05:15

0.000Air Blank 05:16

# 1 0.112Subject Sample 05:19 Volume Not Met

0.101Breath Volume 05:19

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2Subject Sample 05:21 Subject Test Refused

0.000Breath Volume 05:21

0.000Air Blank 05:22

0.073Control Test 05:22 Control Outside Tolerance

0.000Air Blank 05:23

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:2306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:11

Indian River Co SO

BRASHEARS,E

01/23/2020

684131

Vero Beach PD

HISS,J,M

HULBERT

06/15/2018

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.078Control Test 20:16

0.000Air Blank 20:16

# 1Subject Sample 20:17 Subject Test Refused

0.000Breath Volume 20:17

0.000Air Blank 20:17

0.078Control Test 20:17

0.000Air Blank 20:18

OKDiagnostics Check 20:18

Data Download Date/Time: 07/13/2018 05:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0606/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:56

DeSoto County SO

SHADDUCK,TIFFANY

01/05/2020

31517080A1

Arcadia PD

DITTMAN,LAVERNE,T

ZAVALA

05/25/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/27/2018 09:00

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:5006/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:31

DeSoto County SO

QUIGLEY,MEGAN

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

WILSON

05/25/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1 0.105Subject Sample 01:18

2.449Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.101Subject Sample 01:21

2.625Breath Volume 01:21

0.000Air Blank 01:21

0.081Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 06/27/2018 09:00

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:1706/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:30

DeSoto County SO

GARZA,DAVID

01/05/2020

31517080A1

DeSoto County SO

MASSEY,DARRELL,L

DURRANCE

05/25/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.080Control Test 21:24

0.000Air Blank 21:25

# 1 0.244Subject Sample 21:25

1.835Breath Volume 21:25

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.244Subject Sample 21:28

1.687Breath Volume 21:28

0.000Air Blank 21:29

0.080Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 06/27/2018 09:00

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:40:5806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:36

DeSoto County SO

BAKER,DUSTIN

01/05/2020

31517080A1

DeSoto County SO

INGUNZA,LUISA,E

ANGELES-MONROY

05/25/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

# 1Subject Sample 06:39 Subject Test Refused

0.000Breath Volume 06:39

0.000Air Blank 06:40

0.080Control Test 06:40

0.000Air Blank 06:40

OKDiagnostics Check 06:40

Data Download Date/Time: 06/27/2018 09:00

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

16:42

FHP Troop F

HIPPOLYTE,VENEL

01/05/2020

31517080A1

FHP Troop F

HIPPOLYTE,VENEL,

BARTLEY

05/25/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.081Control Test 20:57

0.000Air Blank 20:57

# 1 0.152Subject Sample 20:58

3.046Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.142Subject Sample 21:01

2.679Breath Volume 21:01

0.000Air Blank 21:02

0.081Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:03

Data Download Date/Time: 06/27/2018 09:00

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:2006/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:18

DeSoto County SO

BUCK,SAM

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

BURRIS

06/27/2018

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.081Control Test 21:07

0.000Air Blank 21:07

# 1 0.270Subject Sample 21:07

3.828Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.284Subject Sample 21:10

4.128Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 07/25/2018 10:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1306/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:59

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

RENDON

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:01

# 1 0.184Subject Sample 02:02

1.847Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.183Subject Sample 02:05

3.242Breath Volume 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:54

Sarasota County SO

VERMILLION,B

09/05/2019

19817080A2

Sarasota PD

LUBRANO,DEP,

MCEVOY

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.078Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:07 No Sample Provided

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.260Subject Sample 03:11

2.199Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 3 0.263Subject Sample 03:14

2.515Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:0706/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:52

Sarasota County SO

FOWLER,TYLER

09/05/2019

19817080A2

Sarasota County SO

FOWLER,TYLER,J

ORRENMAA

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.077Control Test 03:34

0.000Air Blank 03:35

# 1 0.215Subject Sample 03:35

1.554Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.196Subject Sample 03:38

1.562Breath Volume 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

12:10

FHP Troop F

TUCCI,JOSE

09/05/2019

19817080A2

FHP Troop F

TUCCI,JOSE,F

RULE

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

# 1 0.210Subject Sample 01:39

2.695Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.213Subject Sample 01:43

4.238Breath Volume 01:43

0.000Air Blank 01:43

0.077Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:09:2206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:33

10:49

Sarasota County SO

HERNANDEZ,JEAN

09/05/2019

19817080A2

Sarasota County SO

HERNANDEZ-CRUZ,ELIO,P

HERNANDEZ-CRUZ

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:03

0.000Air Blank 12:03

0.079Control Test 12:04

0.000Air Blank 12:04

# 1 0.176Subject Sample 12:04

1.589Breath Volume 12:04

0.000Air Blank 12:05

0.000Air Blank 12:07

# 2 0.171Subject Sample 12:07

3.550Breath Volume 12:07

0.000Air Blank 12:08

0.076Control Test 12:08

0.000Air Blank 12:09

OKDiagnostics Check 12:09

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:5906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

15:55

Sarasota County SO

MOORE,C

09/05/2019

19817080A2

Sarasota County SO

SOBAS,PATRICIA,M

RENVILLE

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:01

0.000Air Blank 17:02

0.077Control Test 17:02

0.000Air Blank 17:02

# 1 0.177Subject Sample 17:03

2.175Breath Volume 17:03

0.000Air Blank 17:04

0.000Air Blank 17:05

# 2 0.174Subject Sample 17:06

2.230Breath Volume 17:06

0.000Air Blank 17:07

0.076Control Test 17:07

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:2206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:56

19:14

Sarasota County SO

THOMAS,DEPUTY

09/05/2019

19817080A2

Sarasota County SO

MENDEZ,DEPUTY,C

D AURIZIO

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:23

0.000Air Blank 20:24

0.076Control Test 20:24

0.000Air Blank 20:25

# 1 0.167Subject Sample 20:28 Volume Not Met

0.660Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:30

# 2 0.197Subject Sample 20:32

1.750Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:34

# 3 0.198Subject Sample 20:35

2.085Breath Volume 20:35

0.000Air Blank 20:36

0.075Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:0106/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:50

Sarasota County SO

NAVAJAS,OFFICER

09/05/2019

19817080A2

Venice PD

MENDEZ,DEPUTY,C

ROBSON

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:40

0.000Air Blank 01:41

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:43

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2206/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:19

Sarasota County SO

KENNY,S

09/05/2019

19817080A2

Venice PD

LUBRANO,DEP,

NICHOLLS

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

# 1 0.224Subject Sample 04:36

2.796Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.225Subject Sample 04:39

2.234Breath Volume 04:39

0.000Air Blank 04:40

0.079Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5506/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:52

Sarasota County SO

KOSTYAL,MATTHEW

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATTHEW,A

SWAIN

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

# 1 0.272Subject Sample 00:39

3.183Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.258Subject Sample 00:42

2.941Breath Volume 00:42

0.000Air Blank 00:42

0.078Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:3106/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:52

Sarasota County SO

PUFAHL,G

09/05/2019

19817080A2

Sarasota County SO

PUFAHL,G,

COLEMAN

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:40

0.078Control Test 20:40

0.000Air Blank 20:41

# 1Subject Sample 20:44 Subject Test Refused

0.000Breath Volume 20:44

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:5006/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

20:49

North Port PD

CAMBRIA,STEVEN

09/05/2019

19817080A2

North Port PD

CAMBRIA,STEVEN,J

GALAN

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

# 1 0.000Subject Sample 23:34

4.308Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.000Subject Sample 23:37

2.968Breath Volume 23:37

0.000Air Blank 23:37

0.078Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3706/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:28

Sarasota County SO

MARTIN,DEPUTY

09/05/2019

19817080A2

Sarasota County SO

MENDEZ,DEPUTY,C

HATCH

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

# 1 0.168Subject Sample 04:14

4.582Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.174Subject Sample 04:17

4.015Breath Volume 04:17

0.000Air Blank 04:17

0.078Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5006/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:18

Sarasota County SO

BUEHLER,DEP

09/05/2019

19817080A2

Sarasota County SO

BUEHLER,DEP,M

RELL

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:13 No Sample Provided

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2Subject Sample 03:16 Subject Test Refused

0.000Breath Volume 03:16

0.000Air Blank 03:16

0.076Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2606/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:50

Sarasota County SO

FOWLER,TYLER

09/05/2019

19817080A2

Sarasota County SO

FOWLER,TYLER,J

CULLENY

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

# 1 0.169Subject Sample 03:41

3.167Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.176Subject Sample 03:44

2.921Breath Volume 03:44

0.000Air Blank 03:45

0.078Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:4706/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:06

Sarasota County SO

COX,OFFICER

09/05/2019

19817080A2

North Port PD

MENDEZ,DEPUTY,C

GUFFEY

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.079Control Test 04:26

0.000Air Blank 04:27

# 1 0.121Subject Sample 04:27

1.890Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.128Subject Sample 04:31

2.957Breath Volume 04:31

0.000Air Blank 04:31

0.078Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3006/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:25

FHP Troop F

TUCCI,JOSE

09/05/2019

19817080A2

FHP Troop F

TUCCI,JOSE,F

SZALAY-MOWERY

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.078Control Test 04:25

0.000Air Blank 04:25

# 1 0.166Subject Sample 04:26

1.222Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.161Subject Sample 04:29

2.406Breath Volume 04:29

0.000Air Blank 04:30

0.078Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0706/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:49

Sarasota County SO

BUEHLER,DEP

09/05/2019

19817080A2

Sarasota County SO

BUEHLER,DEP,M

SCOTT

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.190Subject Sample 03:44

1.464Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.196Subject Sample 03:47

2.394Breath Volume 03:47

0.000Air Blank 03:48

0.077Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:5206/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:06

Sarasota County SO

FLINT,SERGEANT

09/05/2019

19817080A2

Sarasota County SO

FLINT,SERGEANT,C

CONN

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.078Control Test 22:04

0.000Air Blank 22:05

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.078Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

00:56

Sarasota County SO

OSTROSKI,N

09/05/2019

19817080A2

Venice PD

MITCHELL,N,N

MINORS

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.077Control Test 03:00

0.000Air Blank 03:00

# 1 0.182Subject Sample 03:01

1.812Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.174Subject Sample 03:04

1.378Breath Volume 03:04

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:19

Sarasota County SO

FLINT,SERGEANT

09/05/2019

19817080A2

Sarasota County SO

FLINT,SERGEANT,C

FRECHETTE

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.169Subject Sample 03:12

3.027Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.164Subject Sample 03:15

2.937Breath Volume 03:15

0.000Air Blank 03:16

0.077Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5506/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:30

FHP Troop F

ESTEVEZ,JOSE

09/05/2019

19817080A2

FHP Troop F

ESTEVEZ,JOSE,M

COLON

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.077Control Test 03:43

0.000Air Blank 03:44

# 1 0.157Subject Sample 03:45

1.988Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.149Subject Sample 03:50

1.636Breath Volume 03:50

0.000Air Blank 03:50

0.074Control Test 03:51 Control Outside Tolerance

0.000Air Blank 03:51

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:5406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

01:49

Sarasota County SO

MAJKA,OFFICER

09/05/2019

19817080A2

Venice PD

FLINT,SERGEANT,C

DELARUE

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.077Control Test 03:57

0.000Air Blank 03:58

# 1 0.186Subject Sample 03:59

1.996Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 2 0.182Subject Sample 04:02

2.363Breath Volume 04:02

0.000Air Blank 04:02

0.075Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:29:2206/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:30

Sarasota County SO

VERMILLION,B

09/05/2019

19817080A2

Sarasota PD

MITCHELL,N,N

JACKSON

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:23

0.077Control Test 05:23

0.000Air Blank 05:24

# 1 0.186Subject Sample 05:24

3.082Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 2 0.181Subject Sample 05:27

3.312Breath Volume 05:27

0.000Air Blank 05:28

0.078Control Test 05:28

0.000Air Blank 05:29

OKDiagnostics Check 05:29

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:1606/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:01

03:55

North Port PD

CAMBRIA,STEVEN

09/05/2019

19817080A2

North Port PD

CAMBRIA,STEVEN,J

DIETCH

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.078Control Test 05:41

0.000Air Blank 05:42

# 1Subject Sample 05:44 Sequence Aborted

0.000Breath Volume 05:44

0.000Air Blank 05:45

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:4906/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:30

Sarasota County SO

CARVALHO,TROOPER

09/05/2019

19817080A2

FHP Troop F

MENDEZ,DEPUTY,C

BOWMAN

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:32

# 1 0.103Subject Sample 21:33

3.464Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.100Subject Sample 21:36

3.750Breath Volume 21:36

0.000Air Blank 21:36

0.078Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0606/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:23

Sarasota County SO

GONZALEZ,J

09/05/2019

19817080A2

Sarasota PD

NAMORS,JASON,R

LOPEZ

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.156Subject Sample 00:47

3.222Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:49

# 2 0.165Subject Sample 00:50

2.996Breath Volume 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1806/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:17

FHP Troop F

TUCCI',JOSE

09/05/2019

19817080A2

FHP Troop F

TUCCI,JOSE,F

MARSHALL

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

# 1 0.009Subject Sample 03:11

1.390Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.007Subject Sample 03:14

1.980Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3706/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:03

Sarasota County SO

FOWLER,TYLER

09/05/2019

19817080A2

Sarasota County SO

FOWLER,TYLER,J

HAWKINS

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.077Control Test 01:56

0.000Air Blank 01:56

# 1Subject Sample 01:57 Subject Test Refused

0.000Breath Volume 01:57

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:46

Sarasota County SO

KOSTYAL,MATT

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATT,A

LANNING

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:32

# 1 0.129Subject Sample 03:32

3.531Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.117Subject Sample 03:35

1.335Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 06/29/2018 08:01

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:2206/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:12

Sarasota County SO

BESKIN,J

09/05/2019

19817080A2

Sarasota PD

NAMORS,JASON,R

SIMPSON

06/29/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.079Control Test 23:11

0.000Air Blank 23:11

# 1 0.177Subject Sample 23:13

1.421Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.174Subject Sample 23:16

1.632Breath Volume 23:16

0.000Air Blank 23:17

0.076Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 07/30/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5006/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:48

Sarasota County SO

KOSTYAL,MATT

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATT,A

DJADJU

06/29/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.078Control Test 01:54

0.000Air Blank 01:54

# 1 0.141Subject Sample 01:55

3.785Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.148Subject Sample 01:58

2.121Breath Volume 01:58

0.000Air Blank 01:58

0.077Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 07/30/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4606/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:33

Eustis PD

GRIEVES,MATTHEW

12/10/2018

203498

Eustis PD

GRIEVES,MATTHEW,J

WHEELER

05/25/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:28

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.081Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 06/05/2018 09:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:3506/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

17:59

Eustis PD

WILLIAMS,AUSTIN

12/10/2018

203498

Eustis PD

HACKETT,SEAN,J

TYTLER

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.080Control Test 18:53

0.000Air Blank 18:53

# 1 0.147Subject Sample 18:54

2.742Breath Volume 18:54

0.000Air Blank 18:55

0.000Air Blank 18:57

# 2 0.148Subject Sample 18:57

2.113Breath Volume 18:57

0.000Air Blank 18:58

0.078Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5406/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:11

Eustis PD

WADE,CODY

12/10/2018

203498

Eustis PD

STROUP,STEVE,A

FITZGERALD

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.078Control Test 01:08

0.000Air Blank 01:08

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:16

Eustis PD

WADE,CODY

12/10/2018

203498

Eustis PD

CARNEY,DAVID,M

RAMOS MENDEZ

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.080Control Test 02:33

0.000Air Blank 02:33

# 1 0.204Subject Sample 02:35

1.953Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.207Subject Sample 02:38

2.113Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3006/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:47

Eustis PD

WADE,CODY

12/10/2018

203498

Eustis PD

STROUP,STEVE,A

CHAVIS JR

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

# 1Subject Sample 03:27 Subject Test Refused

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.081Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:2106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:05

Eustis PD

ALLRED,JAMES

12/10/2018

203498

Eustis PD

KOUROUMOUSIS,GEORGE,T

SEARS

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.081Control Test 23:57

0.000Air Blank 23:58

# 1 0.162Subject Sample 00:00

1.714Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.166Subject Sample 00:03

1.843Breath Volume 00:03

0.000Air Blank 00:04

0.078Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:5406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:35

Eustis PD

CORTES,VICTOR

12/10/2018

203498

Eustis PD

HACKETT,SEAN,J

GUILLEN JIMENEZ

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:23

# 1 0.098Subject Sample 22:26

1.890Breath Volume 22:26

0.000Air Blank 22:27

0.000Air Blank 22:28

# 2 0.104Subject Sample 22:29

1.691Breath Volume 22:29

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2206/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:22

Eustis PD

WADW,CODY

12/10/2018

203498

Eustis PD

GRIEVES,MATTHEW,J

WENTWORTH

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4406/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:27

Eustis PD

WADE,CODY

12/10/2018

203498

Eustis PD

GRIEVES,MATTHEW,J

GNANN

06/05/2018

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:37

0.000Air Blank 02:37

# 1Subject Sample 02:38 Subject Test Refused

0.000Breath Volume 02:38

0.000Air Blank 02:38

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 07/17/2018 08:09

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:4706/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:19

Sarasota County SO

SCHUMANN,DEP

09/05/2019

19817080A2

Sarasota County SO

SCHUMANN,DEP,

KILANOWSKI

05/31/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.078Control Test 22:29

0.000Air Blank 22:30

# 1 0.222Subject Sample 22:30

2.839Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.217Subject Sample 22:34

2.886Breath Volume 22:34

0.000Air Blank 22:34

0.077Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 06/29/2018 08:50

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5406/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:48

Sarasota County SO

KOSTYAL,MATT

09/05/2019

19817080A2

Sarasota County SO

KOSTYAL,MATT,A

DJADJU

06/29/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.078Control Test 00:57

0.000Air Blank 00:57

# 1 0.155Subject Sample 00:58

1.777Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.147Subject Sample 01:01

1.406Breath Volume 01:01

0.000Air Blank 01:02

0.068Control Test 01:02 Control Outside Tolerance

0.000Air Blank 01:02

Data Download Date/Time: 07/30/2018 16:07

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:4006/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:09

FHP Troop D

HITCHCOCK,W

08/25/2019

539031

FHP Troop D

SMITH,MARC,E

NICHOLS

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

# 1 0.113Subject Sample 02:03

2.929Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.111Subject Sample 02:06

2.968Breath Volume 02:06

0.000Air Blank 02:06

0.081Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0406/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

00:57

FHP Troop D

HITCHCOCK,W

08/25/2019

539031

FHP Troop D

SMITH,MARC,E

MCCURDY

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.160Subject Sample 02:58

2.078Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.153Subject Sample 03:01

1.292Breath Volume 03:01

0.000Air Blank 03:02

0.081Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:03

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1006/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:36

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,D

LOUIS-FILS

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1 0.116Subject Sample 03:17

1.558Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.112Subject Sample 03:20

1.394Breath Volume 03:20

0.000Air Blank 03:21

0.082Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:5606/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

05:16

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,D

DAVIDSON

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.080Control Test 05:47

0.000Air Blank 05:47

# 1 0.240Subject Sample 05:48

2.140Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:50

# 2 0.254Subject Sample 05:51

1.316Breath Volume 05:51

0.000Air Blank 05:52

0.082Control Test 05:52

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:4506/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:52

FHP Troop D

STANLEY,JEFFREY

08/25/2019

539031

FHP Troop D

STANLEY,JEFFREY,A

HENRY

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

Air Blank 19:51 RFI Detect

Air Blank 19:51 RFI Detect

Data Download Date/Time: 06/29/2018 01:21

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5406/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:52

FHP Troop D

STANLEY,JEFFREY

08/25/2019

539031

FHP Troop D

STANLEY,JEFFREY,A

HENRY

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.081Control Test 19:54

0.000Air Blank 19:54

# 1 0.168Subject Sample 19:58 Volume Not Met

1.011Breath Volume 19:58

0.000Air Blank 19:59

0.000Air Blank 20:00

# 2 0.170Subject Sample 20:01

1.386Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 3 0.175Subject Sample 20:04

1.476Breath Volume 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

OKDiagnostics Check 20:05

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2706/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:55

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,D

BOSCO 3

05/31/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.082Control Test 02:31

0.000Air Blank 02:32

# 1 0.108Subject Sample 02:32

2.863Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.098Subject Sample 02:35

1.218Breath Volume 02:35

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 06/29/2018 01:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:1406/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

19:27

FHP Troop D

WOLFF,ROSE

08/25/2019

539031

FHP Troop D

WOLFF,ROSE,M

JAMES

06/29/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.081Control Test 20:59

0.000Air Blank 21:00

# 1 0.107Subject Sample 21:01

1.757Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.109Subject Sample 21:04

1.976Breath Volume 21:04

0.000Air Blank 21:05

0.081Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 07/31/2018 02:27

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2706/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:47

Charlotte County SO

FREITAS,ANTHONY

06/05/2020

10818080A5

Charlotte County SO

LEONARD,ALEYA,D

ELLENWOOD

06/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

# 1 0.176Subject Sample 01:37

2.480Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.171Subject Sample 01:40

2.117Breath Volume 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 07/22/2018 05:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4906/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:05

Charlotte County SO

SARVER,S

06/05/2020

10818080A5

Charlotte County SO

EGAN,MELISSA,

HESS

06/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

# 1 0.144Subject Sample 02:05

2.253Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.137Subject Sample 02:08

1.707Breath Volume 02:08

0.000Air Blank 02:08

0.080Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 07/22/2018 05:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:20:1306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:00

23:25

Charlotte County SO

BURROWS,DEPUTY

06/05/2020

10818080A5

Charlotte County SO

BURROWS,DEPUTY,L

BLOSSER

06/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:13

0.000Air Blank 10:14

0.080Control Test 10:14

0.000Air Blank 10:15

# 1 0.139Subject Sample 10:15

1.464Breath Volume 10:15

0.000Air Blank 10:16

0.000Air Blank 10:18

# 2 0.134Subject Sample 10:18

1.421Breath Volume 10:18

0.000Air Blank 10:19

0.079Control Test 10:19

0.000Air Blank 10:20

OKDiagnostics Check 10:20

Data Download Date/Time: 07/22/2018 05:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:5606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

18:00

18:00

Charlotte County SO

FISHE,SCOTT

06/05/2020

10818080A5

Charlotte County SO

FISHER,SCOTT,R

BLOSSER

06/26/2018

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.080Control Test 18:30

0.000Air Blank 18:31

# 1 0.021Subject Sample 18:31

1.214Breath Volume 18:31

0.000Air Blank 18:32

0.000Air Blank 18:34

# 2 0.020Subject Sample 18:34

1.316Breath Volume 18:34

0.000Air Blank 18:35

0.080Control Test 18:35

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 07/22/2018 05:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:2606/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:12

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

SNYDER

06/21/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

# 1 0.171Subject Sample 04:15

1.746Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.171Subject Sample 04:20

1.214Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 07/18/2018 21:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:37

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

YORK

06/21/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:35 No Sample Provided

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2Subject Sample 02:40 No Sample Provided

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:42

Data Download Date/Time: 07/18/2018 21:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:1006/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:13

Gainesville PD

GUYTON,JOHN

02/05/2019

34416080A2

Gainesville PD

WELCH,CHAD,J

YOUNG

06/21/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1 0.024Subject Sample 01:53

1.648Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.021Subject Sample 01:56

1.421Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 07/18/2018 21:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:3306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:11

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

NEWMARKER

06/21/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.078Control Test 03:01

0.000Air Blank 03:01

# 1 0.348Subject Sample 03:02

1.636Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.351Subject Sample 03:05

1.679Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 07/18/2018 21:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:4306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:45

Levy County SO

DAVIS,KEVIN

07/14/2018

AG619605

Levy County SO

DAVIS,MATTHEW,R

FEAGE

06/29/2018

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.141Subject Sample 22:50

2.070Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.130Subject Sample 22:53

2.003Breath Volume 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 07/27/2018 20:26

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:50

Mayport Naval Base

PERKINS,MARCUS

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

KENNEDY

05/31/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

# 1 0.177Subject Sample 02:31

3.105Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.175Subject Sample 02:34

2.308Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/20/2018 12:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:00

21:55

Mayport Naval Base

LOPEZ,RAYMOND

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

GINTER

05/31/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.079Control Test 22:28

0.000Air Blank 22:28

# 1 0.221Subject Sample 22:29

1.832Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.215Subject Sample 22:32

2.078Breath Volume 22:32

0.000Air Blank 22:32

0.079Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 06/20/2018 12:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2306/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:00

21:55

Mayport Naval Base

LOPEZ,RAYMOND

08/05/2019

17817080A3

Mayport Naval Base

LOOS,JAMES,P

WALWIK

05/31/2018

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

# 1 0.141Subject Sample 22:42

2.035Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.130Subject Sample 22:44

1.898Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 06/20/2018 12:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:1806/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:17

Orange County SO

COLE,KYLE

07/05/2019

13917080A3

Orange County SO

HARDEN,WILLIAM,L

LABOY

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.081Control Test 05:01

0.000Air Blank 05:02

# 1 0.130Subject Sample 05:02

1.691Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:04

# 2 0.123Subject Sample 05:06

1.625Breath Volume 05:06

0.000Air Blank 05:07

0.082Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 06/21/2018 14:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:1506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:22

Orange County SO

HAWKINS,DEBBIE

07/05/2019

13917080A3

FHP Troop D

HARDEN,WILLIAM,L

BANKS

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:40

0.081Control Test 04:41

0.000Air Blank 04:41

# 1 0.125Subject Sample 04:42

1.546Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.133Subject Sample 04:45

3.308Breath Volume 04:45

0.000Air Blank 04:46

0.081Control Test 04:46

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 06/21/2018 14:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:4106/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:45

Orange County SO

DAVILA,SAMUEL

07/05/2019

13917080A3

Orlando PD

HARDEN,WILLIAM,L

BOUDER

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:34

0.081Control Test 21:34

0.000Air Blank 21:34

# 1Subject Sample 21:35 Subject Test Refused

0.000Breath Volume 21:35

0.000Air Blank 21:35

0.081Control Test 21:36

0.000Air Blank 21:36

OKDiagnostics Check 21:36

Data Download Date/Time: 06/28/2018 14:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:12

Orange County SO

BECK,KURTIS

07/05/2019

13917080A3

Ocoee PD

HARDEN,WILLIAM,L

SANTOS

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.082Control Test 05:01

0.000Air Blank 05:02

# 1 0.209Subject Sample 05:02

1.582Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.201Subject Sample 05:06

2.496Breath Volume 05:06

0.000Air Blank 05:06

0.081Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 06/28/2018 14:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:5706/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:16

Orange County SO

ELLER,ASHLEY

07/05/2019

13917080A3

Apopka PD

HARDEN,WILLIAM,L

PEREZ-PEREZ

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

# 1 0.332Subject Sample 23:39

2.613Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.334Subject Sample 23:44

1.597Breath Volume 23:44

0.000Air Blank 23:44

0.081Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 06/28/2018 14:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4006/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:07

Orange County SO

PEREZ,JUAN

07/05/2019

13917080A3

FHP Troop K

HARDEN,WILLIAM,L

THOMAS JR

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1 0.194Subject Sample 01:14

3.410Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.197Subject Sample 01:18

3.292Breath Volume 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 07/05/2018 14:34

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5106/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:20

Orange County SO

AUBER,JOHN

07/05/2019

13917080A3

FFWCC (Ocala)

HARDEN,WILLIAM,L

OLSON

06/12/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.081Control Test 20:58

0.000Air Blank 20:58

# 1 0.102Subject Sample 20:59

2.800Breath Volume 20:59

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.092Subject Sample 21:02

1.492Breath Volume 21:02

0.000Air Blank 21:02

0.080Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 07/05/2018 14:34

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0106/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:30

Orange County SO

CALISTE,VIXON

07/05/2019

13917080A3

Orlando PD

TIAMSON,DAWN,P

MOOREFELDER

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.205Subject Sample 04:28

2.320Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.174Subject Sample 04:31

1.218Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 3 0.199Subject Sample 04:35

2.816Breath Volume 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:0106/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:25

Orange County SO

QUINTERO,KEVIN

07/05/2019

13917080A3

Central FL Univ PD

DENSON,TRAVIS,W

KOGAN

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

# 1 0.000Subject Sample 02:28

1.191Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.000Subject Sample 02:31

2.566Breath Volume 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:33

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:0506/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:02

Orange County SO

MCWHERTER,PETER

07/05/2019

13917080A3

FHP Troop D

DENSON,TRAVIS,W

UTILE

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.081Control Test 05:03

0.000Air Blank 05:03

# 1 0.189Subject Sample 05:04

1.109Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.191Subject Sample 05:08

1.152Breath Volume 05:08

0.000Air Blank 05:09

0.082Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:45:1106/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:47

Orange County SO

HADLEY,ALAN

07/05/2019

13917080A3

Orange County SO

RODRIGUEZ,MICHAEL,J

RUIZ

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:33

0.081Control Test 17:33

0.000Air Blank 17:34

# 1 0.159Subject Sample 17:37 Volume Not Met

0.019Breath Volume 17:37

0.000Air Blank 17:37

0.000Air Blank 17:39

# 2 0.145Subject Sample 17:42 Volume Not Met

1.179Breath Volume 17:42

0.000Air Blank 17:43

0.080Control Test 17:44

0.000Air Blank 17:44

FailDiagnostics Check 17:44 Temperature Regulation Test

0.000Air Blank 17:45

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:4106/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:55

Orange County SO

HARRISON,ROBBIE

07/05/2019

13917080A3

Windermere PD

TIAMSON,DAWN,P

NAULTY

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:48

0.000Air Blank 23:49

# 1 0.136Subject Sample 23:50

2.187Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.125Subject Sample 23:53

1.328Breath Volume 23:53

0.000Air Blank 23:53

0.081Control Test 23:54

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:1906/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:36

Orange County SO

HAWKINS,DEBORAH

07/05/2019

13917080A3

FHP Troop D

TIAMSON,DAWN,P

ST VICTOR

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

# 1 0.193Subject Sample 02:02

1.308Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.205Subject Sample 02:05

1.574Breath Volume 02:05

0.000Air Blank 02:06

0.079Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:01:5606/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:41

Orange County SO

RODRIGUEZ,JOSEPH

07/05/2019

13917080A3

Ocoee PD

MILLS,ARMAND,G

GARCIA

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:55

0.000Air Blank 08:56

0.081Control Test 08:56

0.000Air Blank 08:57

# 1 0.000Subject Sample 08:57

2.738Breath Volume 08:57

0.000Air Blank 08:58

0.000Air Blank 09:00

# 2 0.000Subject Sample 09:00

2.234Breath Volume 09:00

0.000Air Blank 09:01

0.081Control Test 09:01

0.000Air Blank 09:01

OKDiagnostics Check 09:01

Data Download Date/Time: 06/07/2018 14:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:4106/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:46

Orange County SO

HARRIS,BRIAN

07/05/2019

13917080A3

Ocoee PD

THOMPSON,CALEB,N

STEPHENS

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.082Control Test 21:45

0.000Air Blank 21:46

# 1 0.186Subject Sample 21:49 Volume Not Met

0.191Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.187Subject Sample 21:55 Volume Not Met

0.566Breath Volume 21:55

0.000Air Blank 21:55

0.081Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:1106/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:41

Orange County SO

BACON II,LARRY

07/05/2019

13917080A3

Orlando PD

TIAMSON,DAWN,P

LAMORENA

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.315Subject Sample 00:47

2.042Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.322Subject Sample 00:50

3.351Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2306/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:11

Orange County SO

KAREEM,LAITH

07/05/2019

13917080A3

Orange County SO

DENSON,TRAVIS,W

ALVAREZ

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1 0.182Subject Sample 22:30

3.710Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.172Subject Sample 22:33

3.562Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3606/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:47

Orange County SO

LAWRENCE,NICK

07/05/2019

13917080A3

Maitland PD

KOSH,TOBI,J

KUSIMO

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:57 No Sample Provided

0.000Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2Subject Sample 03:03 No Sample Provided

0.000Breath Volume 03:03

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4606/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:10

Orange County SO

MCWHERTER,PETER

07/05/2019

13917080A3

FHP Troop D

DENSON,TRAVIS,W

D

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.080Control Test 21:58

0.000Air Blank 21:59

# 1Subject Sample 21:59 Subject Test Refused

0.000Breath Volume 21:59

0.000Air Blank 21:59

0.081Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:2206/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:27

Orange County SO

RESKO,THOMAS

07/05/2019

13917080A3

Winter Garden PD

TIAMSON,DAWN,P

JIAWAN

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.342Subject Sample 23:33

1.621Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.322Subject Sample 23:36

1.566Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:1206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:40

Orange County SO

ELLER,ASHLEY

07/05/2019

13917080A3

Apopka PD

DAVIS,COURTNEY,L

ALPERT

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.081Control Test 23:53

0.000Air Blank 23:53

# 2 0.224Subject Sample 23:56 Volume Not Met

0.707Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.228Subject Sample 00:02 Volume Not Met

0.457Breath Volume 00:02

0.000Air Blank 00:03

0.077Control Test 00:03

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:2306/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:40

Orange County SO

ELLER,ASHLEY

07/05/2019

13917080A3

Apopka PD

DAVIS,COURTNEY,L

ALPERT

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

# 1 0.261Subject Sample 00:08

1.566Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.256Subject Sample 00:12

1.414Breath Volume 00:12

0.000Air Blank 00:13

0.073Control Test 00:13 Control Outside Tolerance

0.000Air Blank 00:14

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:00

Orange County SO

AGOSTO,ALBA

07/05/2019

13917080A3

FHP Troop D

DENSON,TRAVIS,W

CHUHAK

05/08/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.082Control Test 22:35

0.000Air Blank 22:35

# 1 0.000Subject Sample 22:36

1.500Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.000Subject Sample 22:38

1.871Breath Volume 22:38

0.000Air Blank 22:39

0.082Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 06/12/2018 14:48

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:1706/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:55

20:22

FFWCC (West Palm)

MORROW,ELISHA

05/05/2019

06717080A7

FFWCC (West Palm)

MORROW,ELISHA,D

GRAHAM

05/27/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.079Control Test 21:16

0.000Air Blank 21:16

# 1 0.000Subject Sample 21:17

4.492Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.000Subject Sample 21:19

4.542Breath Volume 21:19

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 06/26/2018 15:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:5106/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:05

19:36

FFWCC (West Palm)

CARROLL,MICHAEL

05/05/2019

06717080A7

FFWCC (West Palm)

CARROLL,MICHAEL,J

RYDER

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

# 1Subject Sample 20:27 Subject Test Refused

0.000Breath Volume 20:27

0.000Air Blank 20:27

0.079Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:3906/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:26

Martin County SO

CAPLAN,C

05/05/2019

06717080A7

Martin County SO

CUTY,J,K

GONZALEZ

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:20

# 1 0.198Subject Sample 21:20

1.964Breath Volume 21:20

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.199Subject Sample 21:23

1.992Breath Volume 21:23

0.000Air Blank 21:23

0.079Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:3006/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:29

Martin County SO

CAPLAN,C

05/05/2019

06717080A7

Martin County SO

CUTY,J,K

VYMLATIL

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:14

# 1 0.000Subject Sample 22:15

1.882Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.000Subject Sample 22:18

1.445Breath Volume 22:18

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2406/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:38

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

FRANCHI JR

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.079Control Test 02:14

0.000Air Blank 02:15

# 1 0.126Subject Sample 02:15

2.742Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.124Subject Sample 02:18

2.351Breath Volume 02:18

0.000Air Blank 02:19

0.079Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:19:0206/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

05:53

Martin County SO

QUINTO,LAWRENCE

05/05/2019

06717080A7

FHP Troop L

ZOPF,GRACE-MARIE,

ERVIN

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:10

0.000Air Blank 07:10

0.079Control Test 07:10

0.000Air Blank 07:11

# 1 0.140Subject Sample 07:13

2.746Breath Volume 07:13

0.000Air Blank 07:13

0.000Air Blank 07:15

# 2 0.135Subject Sample 07:17

1.152Breath Volume 07:17

0.000Air Blank 07:18

0.076Control Test 07:18

0.000Air Blank 07:18

OKDiagnostics Check 07:19

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2206/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:21

21:43

FFWCC (West Palm)

CARROLL,MICHAEL

05/05/2019

06717080A7

FFWCC (West Palm)

MORROW,ELISHA,D

BROCKWAY

06/26/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:42

# 1Subject Sample 22:43 Subject Test Refused

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/21/2018 01:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:1206/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:29

04:36

Clay County SO

SOLIS,E

10/05/2019

22817080A4

Clay County SO

BRAUNLICH,G,A

WEBER

06/27/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:51

# 1 0.226Subject Sample 05:51

1.683Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.203Subject Sample 05:55

1.281Breath Volume 05:55

0.000Air Blank 05:55

0.000Air Blank 05:57

# 3 0.219Subject Sample 05:58

2.308Breath Volume 05:58

0.000Air Blank 05:59

0.077Control Test 05:59

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 07/25/2018 23:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:1206/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:38

Clay County SO

MILLER,C

10/05/2019

22817080A4

FHP Troop G

BRAUNLICH,G,A

GIROUARD

06/27/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

# 1 0.120Subject Sample 18:48

1.554Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.114Subject Sample 18:51

1.406Breath Volume 18:51

0.000Air Blank 18:52

0.079Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 07/25/2018 23:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:1606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:20

Clay County SO

SOLIS,E

10/05/2019

22817080A4

Clay County SO

BRAUNLICH,G,A

OAKLEY

06/27/2018

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.079Control Test 20:34

0.000Air Blank 20:35

# 1 0.214Subject Sample 20:37

1.316Breath Volume 20:37

0.000Air Blank 20:37

0.000Air Blank 20:39

# 2 0.239Subject Sample 20:40

1.859Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:42

# 3 0.239Subject Sample 20:43

1.667Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 07/25/2018 23:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:4806/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:32

St. Petersburg PD

ZOLLOTA,VLADIMIR

11/05/2018

26316080A2

St. Petersburg PD

KARAYIANES,MICHAEL,F

CHEAVES

06/07/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.079Control Test 00:18

0.000Air Blank 00:18

# 1 0.129Subject Sample 00:19

1.378Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.124Subject Sample 00:22

1.832Breath Volume 00:22

0.000Air Blank 00:22

0.078Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 07/11/2018 10:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4406/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:14

St. Petersburg PD

CRUM,ZACKARY

11/05/2018

26316080A2

St. Petersburg PD

WALDO,AARON,R

COATE

06/07/2018

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.078Control Test 02:54

0.000Air Blank 02:54

# 1 0.127Subject Sample 02:56

3.023Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.128Subject Sample 02:59

1.128Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 07/11/2018 10:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:0306/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:48

Miami PD

GUZMAN,JONATHAN

12/10/2018

203498

Miami PD

GUZMAN,JONATHAN,

FERGUSON

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:37

# 1Subject Sample 19:38 Subject Test Refused

0.000Breath Volume 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:39

OKDiagnostics Check 19:40

Data Download Date/Time: 06/28/2018 12:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:1706/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

04:01

Miami PD

MATHIS,ANDRE

12/10/2018

203498

Miami PD

MATHIS,ANDRE,D

FUNEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.082Control Test 05:21

0.000Air Blank 05:21

# 1Subject Sample 05:21 Subject Test Refused

0.000Breath Volume 05:21

0.000Air Blank 05:22

0.080Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 06/28/2018 12:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0006/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,JUAN,D

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.081Control Test 00:52

0.000Air Blank 00:52

# 1 0.103Subject Sample 00:53

1.425Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.101Subject Sample 00:56

1.500Breath Volume 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 06/28/2018 12:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001654CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2006/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:13

Miami PD

GONZALEZ,YASMANI

12/10/2018

203498

Miami PD

HERNANDEZ,JASIEL,

BROWN

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.081Control Test 04:47

0.000Air Blank 04:47

# 1 0.178Subject Sample 04:50

1.843Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2Subject Sample 04:53 Subject Test Refused

0.000Breath Volume 04:53

0.000Air Blank 04:54

0.080Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 06/28/2018 12:36

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1206/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:28

St. Augustine PD

DROUIN,CAROLINE

11/21/2019

640976

St. Augustine PD

DROUIN,CAROLINE,

FULCHER

05/02/2018

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:03

# 1 0.376Subject Sample 00:04

2.542Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.355Subject Sample 00:07

2.550Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 3 0.358Subject Sample 00:10

1.761Breath Volume 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 06/05/2018 12:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001657CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5806/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

03:13

Miccosukee PD

ANTERIO,CHRISTOPHER

02/05/2020

34917080A2

Miccosukee PD

WRIGHT,MISTY,L

RODRIGUEZ

05/24/2018

8100.27

MICCOSUKEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 06/28/2018 09:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

02:08

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

REGALDO

05/03/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.079Control Test 02:17

0.000Air Blank 02:17

# 1 0.173Subject Sample 02:18

2.753Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.164Subject Sample 02:21

2.316Breath Volume 02:21

0.000Air Blank 02:21

0.078Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/05/2018 22:26

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:4506/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

04:25

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

SALGADO

05/03/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

# 1 0.197Subject Sample 04:34

2.878Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.198Subject Sample 04:37

2.839Breath Volume 04:37

0.000Air Blank 04:37

0.078Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 06/05/2018 22:26

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4106/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

02:08

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

WRIGHT

06/05/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.078Control Test 02:19

0.000Air Blank 02:20

# 1 0.277Subject Sample 02:21

1.144Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.265Subject Sample 02:25

1.878Breath Volume 02:25

0.000Air Blank 02:25

0.078Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 06/18/2018 18:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:33

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

HUGGINS

06/05/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.079Control Test 23:43

0.000Air Blank 23:44

# 1 0.137Subject Sample 23:44

2.968Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.136Subject Sample 23:47

2.730Breath Volume 23:47

0.000Air Blank 23:48

0.078Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 06/18/2018 18:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:40

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

PORTILLO CASTANEDA

06/18/2018

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1 0.210Subject Sample 03:49

1.187Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.198Subject Sample 03:54 Volume Not Met

0.179Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 3Subject Sample 04:00 Subject Test Refused

0.070Breath Volume 04:00

0.000Air Blank 04:00

0.074Control Test 04:01 Control Outside Tolerance

0.000Air Blank 04:01

Data Download Date/Time: 07/02/2018 23:25

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.


