
80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:2606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:38

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

PEREZ,RAUL,

MARQUEZ

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:05

0.000Air Blank 16:06

0.080Control Test 16:06

0.000Air Blank 16:07

# 1Subject Sample 16:10 No Sample Provided

0.000Breath Volume 16:10

0.000Air Blank 16:10

0.000Air Blank 16:12

# 2Subject Sample 16:13 Subject Test Refused

0.000Breath Volume 16:13

0.000Air Blank 16:13

0.080Control Test 16:13

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0406/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:27

Homestead PD

MURGUIDO,ALEJANDRO

06/29/2019

477627

Homestead PD

PEREZ,RAUL,

GARCIA MARTIN

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

# 1 0.146Subject Sample 21:07

2.324Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:09

# 2 0.144Subject Sample 21:10

1.652Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:12

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3106/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:56

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

GILPIN,SCHELISA,

DOMINGO LOPEZ

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

# 1 0.158Subject Sample 00:27

2.605Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.151Subject Sample 00:30

2.335Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:5906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:10

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

GILPIN,SCHELISA,

ORTIZ SALAS

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.079Control Test 23:42

0.000Air Blank 23:42

# 1 0.248Subject Sample 23:43

1.363Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 2 0.263Subject Sample 23:46

1.664Breath Volume 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:4906/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:23

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

PEREZ,RAUL,

CENTENO RAMIREZ

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:17

0.080Control Test 19:18

0.000Air Blank 19:18

# 1 0.235Subject Sample 19:19

3.332Breath Volume 19:19

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.237Subject Sample 19:22

3.062Breath Volume 19:22

0.000Air Blank 19:22

0.080Control Test 19:23

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:0506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:34

Homestead PD

RODRIGUEZ,RAUL

06/29/2019

477627

Homestead PD

RODRIGUEZ,RAUL,

LINAREZ

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:08 No Sample Provided

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2Subject Sample 03:11 Subject Test Refused

0.000Breath Volume 03:11

0.000Air Blank 03:12

0.081Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:2906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

05:00

Homestead PD

SINCORE,MICHAEL

06/29/2019

477627

Homestead PD

SINCORE,MICHAEL,A

ROSA

05/29/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.081Control Test 05:33

0.000Air Blank 05:34

# 1Subject Sample 05:35 Subject Test Refused

0.000Breath Volume 05:35

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 06/20/2018 10:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:2606/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:41

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

PEREZ,RAUL,

FUNES MARTINEZ

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.081Control Test 00:16

0.000Air Blank 00:17

# 1 0.141Subject Sample 00:17

2.921Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.144Subject Sample 00:20

2.851Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 07/10/2018 09:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:2406/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

05:03

Homestead PD

MAYS,DARRYL

06/29/2019

477627

Homestead PD

RODRIGUEZ,RAUL,

RODRIGUEZ

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:32

# 1Subject Sample 05:35 No Sample Provided

0.000Breath Volume 05:35

0.000Air Blank 05:36

0.000Air Blank 05:37

# 2Subject Sample 05:38 Subject Test Refused

0.000Breath Volume 05:38

0.000Air Blank 05:38

0.080Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:3006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:01

Homestead PD

PEREZ,RAUL

06/29/2019

477627

Homestead PD

RODRIGUEZ,RAUL,

PEREZ CARRILLO

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.080Control Test 00:31

0.000Air Blank 00:32

# 1 0.185Subject Sample 00:33

1.339Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.183Subject Sample 00:36

1.265Breath Volume 00:36

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:0706/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:58

Homestead PD

GILPIN,SCHELISA

06/29/2019

477627

Homestead PD

GILPIN,SCHELISA,

MENDEZ GOMEZ

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

# 1 0.280Subject Sample 22:39

1.718Breath Volume 22:39

0.000Air Blank 22:40

0.000Air Blank 22:41

# 2 0.274Subject Sample 22:42

1.835Breath Volume 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:0906/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:17

Homestead PD

GILPIN,SCHELISA

06/29/2019

477627

Homestead PD

GILPIN,SCHELISA,

FONSECA

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.081Control Test 22:54

0.000Air Blank 22:54

# 1Subject Sample 22:57 No Sample Provided

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:2106/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:27

Homestead PD

AGUIRRE,RICARDO

06/29/2019

477627

Homestead PD

MURGUIDO,ALEX,

CHUM

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:06

# 1 0.193Subject Sample 23:10 Volume Not Met

0.273Breath Volume 23:10

Air Blank 23:10 Purge Fail

0.000Air Blank 23:11

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:3106/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:27

Homestead PD

AGUIRRE,RICARDO

06/29/2019

477627

Homestead PD

MURGUIDO,ALEX,

CHUM

06/20/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.077Control Test 23:13

0.000Air Blank 23:14

# 1 0.218Subject Sample 23:15

1.957Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.214Subject Sample 23:19

1.625Breath Volume 23:19

Air Blank 23:20 Purge Fail

0.000Air Blank 23:20

Data Download Date/Time: 07/10/2018 09:46

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4606/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

01:06

Marion County SO

MILLER,GARY

11/05/2018

26316080A2

Marion County SO

MILLER,GARY,A

SCHUER

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.077Control Test 01:12

0.000Air Blank 01:13

# 1 0.201Subject Sample 01:13

1.195Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:15

# 2 0.203Subject Sample 01:16

1.105Breath Volume 01:16

0.000Air Blank 01:16

0.077Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5306/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:53

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

RIVERA VAZQUEZ

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.076Control Test 01:00

0.000Air Blank 01:00

# 1Subject Sample 01:03 No Sample Provided

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2Subject Sample 01:09 No Sample Provided

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.076Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:23

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

STAUFF

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.077Control Test 01:36

0.000Air Blank 01:37

# 1 0.171Subject Sample 01:37

2.976Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.172Subject Sample 01:40

2.285Breath Volume 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0606/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

23:16

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

ARDON RIVERA

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.076Control Test 23:23

0.000Air Blank 23:24

# 1 0.221Subject Sample 23:24

2.761Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.194Subject Sample 23:27

1.558Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 3 0.215Subject Sample 23:30

3.304Breath Volume 23:30

0.000Air Blank 23:31

0.075Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:15:5906/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

19:09

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

JAMES

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:15 Temperature Regulation Test

0.000Air Blank 19:15

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:4206/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

19:09

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

JAMES

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 19:18 Temperature Regulation Test

Air Blank 19:18 RFI Detect

Data Download Date/Time: 06/30/2018 18:28

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:26

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

ANTHONY  JR

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.075Control Test 02:33

Air Blank 02:33 RFI Detect

0.000Air Blank 02:33

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1006/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

02:26

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

ANTHONY JR

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.076Control Test 02:36

0.000Air Blank 02:37

# 1 0.056Subject Sample 02:37

1.144Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.055Subject Sample 02:40

2.195Breath Volume 02:40

0.000Air Blank 02:41

0.075Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006214CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1306/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

23:10

Ocala PD

JOEDICKE,WILLIAM

11/05/2018

26316080A2

Ocala PD

JOEDICKE,WILLIAM,R

GASTON

05/31/2018

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.076Control Test 23:18

0.000Air Blank 23:19

# 1 0.034Subject Sample 23:19

3.363Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.033Subject Sample 23:22

2.816Breath Volume 23:22

0.000Air Blank 23:23

0.076Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 06/30/2018 18:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:3706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:52

Lake County SO

BOWMAN,THOMAS

02/05/2019

34416080A2

Lake County SO

CORMAN,GERALD,E

CARROLL

05/03/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.082Control Test 00:50

0.000Air Blank 00:51

# 1 0.171Subject Sample 00:54 Slope Not Level

1.144Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:56

# 2 0.167Subject Sample 01:00 Volume Not Met

1.089Breath Volume 01:00

0.000Air Blank 01:00

0.076Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/07/2018 22:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:3806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

06:15

Lake County SO

DEVINE,MICHAEL

02/05/2019

34416080A2

Lake County SO

DEVINE,MICHAEL,P

HUNTER

05/03/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:50

0.000Air Blank 06:50

0.081Control Test 06:51

0.000Air Blank 06:51

# 1 0.113Subject Sample 06:51

1.816Breath Volume 06:51

0.000Air Blank 06:52

0.000Air Blank 06:54

# 2 0.110Subject Sample 06:55

2.875Breath Volume 06:55

0.000Air Blank 06:55

0.081Control Test 06:56

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 06/07/2018 22:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:1006/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:23

Lady Lake PD

DURYEA,MATTHEW

02/05/2019

34416080A2

Lady Lake PD

DURYEA,MATTHEW,

MARTIN

05/03/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:30

0.081Control Test 23:30

0.000Air Blank 23:31

# 1Subject Sample 23:34 Subject Test Refused

0.070Breath Volume 23:34

0.000Air Blank 23:35

0.082Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/07/2018 22:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5206/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:36

Astatula PD

RICKETTS,JEREMIAH

02/05/2019

34416080A2

Fruitland Park PD

MCDONALD,TROY,P

SMITH

05/03/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.082Control Test 22:41

0.000Air Blank 22:41

# 1 0.000Subject Sample 22:42

5.855Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.000Subject Sample 22:45

6.042Breath Volume 22:45

0.000Air Blank 22:45

0.081Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 06/07/2018 22:22

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:20

Lake County SO

BINDER,BRONSON

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

SNELL

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.082Control Test 00:22

0.000Air Blank 00:23

# 1 0.198Subject Sample 00:26

1.453Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.188Subject Sample 00:29

1.644Breath Volume 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2906/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:14

Lake County SO

BINDER,BRONSON

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

KESSLER

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.081Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:5206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:36

Lady Lake PD

JOHNSON,MARK

02/05/2019

34416080A2

Leesburg PD

PERDIKES,PANDELIS,C

BALENTIN

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.082Control Test 21:39

0.000Air Blank 21:40

# 1 0.233Subject Sample 21:40

1.359Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.216Subject Sample 21:44

1.710Breath Volume 21:44

0.000Air Blank 21:44

0.077Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5406/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:29

FHP Troop K

TRANSUE,MICHAEL

02/05/2019

34416080A2

FHP Troop K

TRANSUE,MICHAEL,C

JUAREZ

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

# 1 0.353Subject Sample 01:53

1.175Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.343Subject Sample 01:56

1.679Breath Volume 01:56

0.000Air Blank 01:56

0.077Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:3606/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:00

Astatula PD

RUBIN,STAN

02/05/2019

34416080A2

Fruitland Park PD

MCDONALD,TROY,P

FAFARD

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:59

0.082Control Test 20:59

0.000Air Blank 20:59

# 1 0.115Subject Sample 21:00

3.441Breath Volume 21:00

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.116Subject Sample 21:03

3.468Breath Volume 21:03

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:0606/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:33

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

ZACHARY

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

# 1 0.000Subject Sample 03:08

3.609Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.000Subject Sample 03:11

3.628Breath Volume 03:11

0.000Air Blank 03:12

0.083Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:1106/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

18:31

FHP Troop D

RODRIGUEZ,EDWIN

02/05/2019

34416080A2

FHP Troop D

RODRIGUEZ,EDWIN,

RODRIGUEZ

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:22

# 1 0.173Subject Sample 20:22

2.523Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.171Subject Sample 20:25

2.347Breath Volume 20:25

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:2406/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:15

Lake County SO

CORMAN,GERALD

02/05/2019

34416080A2

Lake County SO

CORMAN,GERALD,E

KASEY

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.081Control Test 23:48

0.000Air Blank 23:48

# 1Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.081Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2206/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:55

Leesburg PD

EDWARDS,KEVIN

02/05/2019

34416080A2

Leesburg PD

WILLIAMS,JONATHAN,B

MUSTAFA

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1 0.166Subject Sample 03:04

1.140Breath Volume 03:04

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.189Subject Sample 03:08

4.000Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 3 0.182Subject Sample 03:11

1.789Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:3906/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

17:39

Lake County SO

VILCHES,KEVIN

02/05/2019

34416080A2

Lake County SO

CHESSHER,SANDRA,W

MALDONADO

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.083Control Test 20:21

0.000Air Blank 20:22

# 1 0.000Subject Sample 20:22

1.632Breath Volume 20:22

0.000Air Blank 20:22

0.000Air Blank 20:24

# 2 0.000Subject Sample 20:25

2.566Breath Volume 20:25

0.000Air Blank 20:25

0.080Control Test 20:26

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0306/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:26

Leesburg PD

WILEY,C

02/05/2019

34416080A2

Leesburg PD

KETCHUM,CHARLES,A

HUBBARD

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.081Control Test 22:29

0.000Air Blank 22:30

# 1Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:31

OKDiagnostics Check 22:32

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:45:3606/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:20

08:08

Tavares PD

ROBERTS,DOUG

02/05/2019

34416080A2

Tavares PD

ROBERTS,DOUG,J

PEDONE

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:42

0.000Air Blank 09:43

0.082Control Test 09:43

0.000Air Blank 09:44

# 1Subject Sample 09:44 Subject Test Refused

0.000Breath Volume 09:44

0.000Air Blank 09:44

0.081Control Test 09:44

0.000Air Blank 09:45

OKDiagnostics Check 09:45

Data Download Date/Time: 07/06/2018 23:38

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:2706/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:45

FHP Troop D

REED,GREGORY

02/05/2019

34416080A2

FHP Troop D

REED,GREGORY,A

COOKSEY

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

Air Blank 20:22 RFI Detect

0.000Air Blank 20:23

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3206/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:45

FHP Troop D

REED,GREGORY

02/05/2019

34416080A2

FHP Troop D

REED,GREGORY,A

COOKSEY

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.082Control Test 20:26

0.000Air Blank 20:26

# 1Subject Sample 20:27 RFI Detect

0.000Breath Volume 20:27

0.000Air Blank 20:27

0.081Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:45

FHP Troop D

REED,GREGORY

02/05/2019

34416080A2

FHP Troop D

REED,GREGORY,A

COOKSEY

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.082Control Test 20:30

0.000Air Blank 20:31

# 1 0.172Subject Sample 20:32

1.703Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2 0.168Subject Sample 20:35

1.578Breath Volume 20:35

0.000Air Blank 20:35

0.081Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:09

Lake County SO

BINDER,BRONSON

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

SHERWOOD

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.081Control Test 02:06

0.000Air Blank 02:07

# 1 0.132Subject Sample 02:10

1.886Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.120Subject Sample 02:13

1.277Breath Volume 02:13

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:5706/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:04

Lake County SO

CHRISTIE,KEVIN

02/05/2019

34416080A2

Groveland PD

BINDER,BRONSON,M

BISAILLON

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.082Control Test 02:59

0.000Air Blank 03:00

# 1 0.113Subject Sample 03:01

1.269Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.113Subject Sample 03:05

1.714Breath Volume 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:4106/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

14:22

Lake County SO

DEVINE,MICHAEL

02/05/2019

34416080A2

Lake County SO

DEVINE,MICHAEL,P

DISARIO

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:06

0.000Air Blank 15:06

0.082Control Test 15:06

0.000Air Blank 15:07

# 1Subject Sample 15:09 Subject Test Refused

0.613Breath Volume 15:09

0.000Air Blank 15:10

0.082Control Test 15:11

0.000Air Blank 15:11

OKDiagnostics Check 15:11

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:18:2606/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:24

14:22

Lake County SO

DEVINE,MICHAEL

02/05/2019

34416080A2

Lake County SO

DEVINE,MICHAEL,P

DISARIO

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:12

0.000Air Blank 15:13

0.080Control Test 15:13

0.000Air Blank 15:13

# 1Subject Sample 15:16 Subject Test Refused

0.503Breath Volume 15:16

0.000Air Blank 15:17

0.081Control Test 15:17

0.000Air Blank 15:18

OKDiagnostics Check 15:18

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:1306/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:12

17:03

Leesburg PD

WALSH,SHANNON

02/05/2019

34416080A2

Leesburg PD

WALSH,SHANNON,L

LEN

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:35

0.082Control Test 18:35

0.000Air Blank 18:36

# 1 0.149Subject Sample 18:36

1.617Breath Volume 18:36

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.155Subject Sample 18:39

2.496Breath Volume 18:39

0.000Air Blank 18:40

0.080Control Test 18:40

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:2806/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:20

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

SUKHU

06/07/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

# 1 0.084Subject Sample 00:56

1.246Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.091Subject Sample 00:59

2.117Breath Volume 00:59

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 07/06/2018 23:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1706/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:32

Brevard County SO

BIVINS,HEATHER

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

RIGGS

05/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:28

# 1 0.127Subject Sample 01:29

3.828Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:31

# 2 0.124Subject Sample 01:32

3.457Breath Volume 01:32

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 06/13/2018 12:49

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:5306/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

19:37

Brevard County SO

MOORE,KIMBERLY

09/05/2019

19817080A3

Brevard County SO

MOORE,KIMBERLY,N

ROSMOND

05/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:02

0.000Air Blank 20:02

0.077Control Test 20:02

0.000Air Blank 20:03

# 1 0.242Subject Sample 20:04

1.468Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:06

# 2 0.224Subject Sample 20:07

1.703Breath Volume 20:07

0.000Air Blank 20:07

0.075Control Test 20:08

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 06/13/2018 12:49

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:1306/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:13

09:13

Brevard County SO

MOORE,KIMBERLY

09/05/2019

19817080A3

Brevard County SO

MOORE,KIMBERLY,N

MC ILHANY

06/13/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:55

0.000Air Blank 19:55

0.077Control Test 19:55

0.000Air Blank 19:56

# 1 0.130Subject Sample 19:56

1.457Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.133Subject Sample 19:59

1.851Breath Volume 19:59

0.000Air Blank 20:00

0.076Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 07/26/2018 19:55

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4406/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:15

Hendry County SO

TODD,NICHOLAS

10/02/2018

83551

Hendry County SO

NORWOOD,CHRISTOPHER,J

STARK

05/09/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

# 1 0.234Subject Sample 23:06

1.328Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.245Subject Sample 23:12

1.574Breath Volume 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 06/25/2018 21:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:5206/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:38

Hendry County SO

VASQUEZ,EVEN

10/02/2018

83551

Hendry County SO

CAMERON,DAVID,J

GARCIA RODRIGUEZ

05/09/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:41

0.000Air Blank 20:42

0.079Control Test 20:42

0.000Air Blank 20:43

# 1 0.268Subject Sample 20:44

1.917Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:46

# 2 0.252Subject Sample 20:48

2.007Breath Volume 20:48

0.000Air Blank 20:48

0.077Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 06/25/2018 21:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:29:4206/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:03

15:03

Hendry County SO

HERNANDEZ,LAURA

10/02/2018

83551

Hendry County SO

OLVERA,JESUS,

CALLOWAY

05/09/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:26

0.000Air Blank 16:27

0.081Control Test 16:27

0.000Air Blank 16:28

# 1Subject Sample 16:28 Subject Test Refused

0.000Breath Volume 16:28

0.000Air Blank 16:28

0.080Control Test 16:29

0.000Air Blank 16:29

OKDiagnostics Check 16:29

Data Download Date/Time: 06/25/2018 21:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1906/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:09

Palm Beach County SO

SORIANO,REYNALDO

10/05/2019

22817080A5

Palm Beach County SO

O'NEAL,SHARI,L

WORRELL

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.250Subject Sample 02:46

1.738Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.246Subject Sample 02:49

1.519Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:4806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:12

Palm Beach County SO

LYNCH,GREGORY

10/05/2019

22817080A5

Palm Beach County SO

PALMER,SAMANTHA,M

PEDRO PASCUAL

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.080Control Test 00:04

0.000Air Blank 00:04

# 1 0.260Subject Sample 00:05

2.500Breath Volume 00:05

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.258Subject Sample 00:08

1.992Breath Volume 00:08

0.000Air Blank 00:08

0.079Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:44:1906/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:44

Palm Beach County SO

RIEGER,MITCHELL

10/05/2019

22817080A5

Palm Beach County SO

OWEN,SUE,

HOTALING

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.080Control Test 17:35

0.000Air Blank 17:36

# 1 0.000Subject Sample 17:39

1.152Breath Volume 17:39

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.000Subject Sample 17:42

1.390Breath Volume 17:42

0.000Air Blank 17:43

0.078Control Test 17:43

0.000Air Blank 17:44

OKDiagnostics Check 17:44

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1406/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

00:23

Palm Beach County SO

YOCHUM,CRAIG

10/05/2019

22817080A5

Jupiter PD

PALMER,SAMANTHA,M

VALDESPINO

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.165Subject Sample 03:34

1.789Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.165Subject Sample 03:37

1.867Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:1606/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

19:14

Palm Beach County SO

HENNESSY,JASON

10/05/2019

22817080A5

Palm Beach Gardens

OWEN,SUE,

HASBROUCK

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.080Control Test 20:07

0.000Air Blank 20:07

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:09

0.079Control Test 20:09

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:0606/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:38

Palm Beach County SO

MOREA,DEAN

10/05/2019

22817080A5

Palm Beach PD

O'NEAL,SHARI,L

ELIAS OROZCO

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.218Subject Sample 02:30

2.769Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.211Subject Sample 02:33

2.734Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0606/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:51

Palm Beach County SO

TEJEDA,ANTHONY

10/05/2019

22817080A5

Palm Beach County SO

O'NEAL,SHARI,L

MARCOS CARDONA

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.091Subject Sample 01:39

2.507Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.090Subject Sample 01:42

2.855Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:4806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:30

Palm Beach County SO

MILLER,K

10/05/2019

22817080A5

Palm Beach County SO

O'NEAL,SHARI,L

JUNG

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

# 1 0.160Subject Sample 04:18

1.253Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.152Subject Sample 04:22

1.371Breath Volume 04:22

0.000Air Blank 04:22

0.077Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:49

Palm Beach County SO

LATORTUE,FELIX

10/05/2019

22817080A5

Lantana PD

PALMER,SAMANTHA,M

REYES MENDEZ

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:25

# 1 0.191Subject Sample 01:26

2.390Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.190Subject Sample 01:30

2.121Breath Volume 01:30

0.000Air Blank 01:30

0.077Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

01:59

Palm Beach County SO

FLOWERS,GARY

10/05/2019

22817080A5

Palm Beach County SO

PALMER,SAMANTHA,M

PARAISO

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.188Subject Sample 04:27

4.089Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.179Subject Sample 04:31

3.882Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:46:5506/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:55

09:29

Palm Beach County SO

GODEK,CHRISTOPHER

10/05/2019

22817080A5

Palm Beach County SO

PALMER,SAMANTHA,M

WALLOS

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:40

0.000Air Blank 10:40

0.079Control Test 10:41

0.000Air Blank 10:41

# 1 0.000Subject Sample 10:42

1.660Breath Volume 10:42

0.000Air Blank 10:43

0.000Air Blank 10:45

# 2 0.000Subject Sample 10:45

1.332Breath Volume 10:45

0.000Air Blank 10:46

0.079Control Test 10:46

0.000Air Blank 10:46

OKDiagnostics Check 10:46

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:0906/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

19:15

Palm Beach County SO

POINTU,PATRICK

10/05/2019

22817080A5

Palm Beach County SO

OWEN,SUE,

WRIGHT

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.080Control Test 20:55

0.000Air Blank 20:55

# 1 0.256Subject Sample 20:56

1.339Breath Volume 20:56

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.254Subject Sample 21:00

1.703Breath Volume 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3406/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:35

Palm Beach County SO

CHIQUITO-RODRIGUEZ,LENDY

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

DAVILA CARRANZA

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:46

0.000Air Blank 00:46

# 1 0.181Subject Sample 00:47

2.019Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.176Subject Sample 00:50

2.292Breath Volume 00:50

0.000Air Blank 00:51

0.072Control Test 00:51 Control Outside Tolerance

0.000Air Blank 00:52

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2906/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:35

Palm Beach County SO

CHIQUITO-RODRIGUEZ,LENDY

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

DAVILA CARRANZA

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.072Control Test 01:11 Control Outside Tolerance

0.000Air Blank 01:12

Data Download Date/Time: 06/22/2018 12:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:1106/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:30

Palm Beach County SO

SCHAEFER,JOHN

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

DIBENEDETTO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

# 1 0.188Subject Sample 22:36

1.589Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.192Subject Sample 22:39

1.414Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:4106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

23:43

Palm Beach County SO

LYNCH,GREGORY

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

CAMPOSECO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:09

# 1 0.038Subject Sample 01:10

1.164Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.037Subject Sample 01:14

1.109Breath Volume 01:14

0.000Air Blank 01:14

0.079Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:2406/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:46

Palm Beach County SO

SCHAEFER,JOHN

10/05/2019

22817080A5

Palm Beach County SO

PARENT,GARY,J

DOYLE

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:32

0.079Control Test 19:32

0.000Air Blank 19:32

# 1 0.127Subject Sample 19:33

2.277Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.124Subject Sample 19:36

2.359Breath Volume 19:36

0.000Air Blank 19:37

0.079Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4406/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:14

Palm Beach County SO

TODD,ZION

10/05/2019

22817080A5

FHP Troop L

MOYNIHAN,KERIANE,M

CHOWDHURY

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.131Subject Sample 03:58

2.234Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.133Subject Sample 04:02

2.265Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:5006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:03

05:48

Palm Beach County SO

FONGEMIE,MICHAEL

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

WILLIAMS

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:36

0.000Air Blank 07:36

0.080Control Test 07:36

0.000Air Blank 07:37

# 1 0.062Subject Sample 07:39

1.609Breath Volume 07:39

0.000Air Blank 07:40

0.000Air Blank 07:42

# 2 0.056Subject Sample 07:44

1.285Breath Volume 07:44

0.000Air Blank 07:44

0.078Control Test 07:45

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:43

Palm Beach County SO

TAVARES,LUCAS

10/05/2019

22817080A5

FHP Troop L

BIGGS,JAMES,G

STURIALE

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:47

0.000Air Blank 01:48

# 1 0.186Subject Sample 01:48

1.757Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.186Subject Sample 01:51

1.550Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:1606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:35

Palm Beach County SO

FANDREY,CHRISTOPHER

10/05/2019

22817080A5

Jupiter PD

BIGGS,JAMES,G

BEEL

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

# 1 0.154Subject Sample 03:08

2.183Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.168Subject Sample 03:11

3.171Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:5706/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:26

Palm Beach County SO

LYNCH,GREGORY

10/05/2019

22817080A5

Palm Beach County SO

BIGGS,JAMES,G

MOON

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

# 1 0.171Subject Sample 04:32

1.285Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.164Subject Sample 04:36

1.144Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:37

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0506/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:30

Palm Beach County SO

VALAREZO,MEGAN

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

CLEVELAND

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

# 1 0.080Subject Sample 01:53

2.207Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.080Subject Sample 01:56

1.566Breath Volume 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:3006/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:25

Palm Beach County SO

FANDREY,CHRISTOPHER

10/05/2019

22817080A5

Jupiter PD

PARENT,GARY,J

WELLS

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:39

# 1 0.160Subject Sample 21:40

3.832Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.157Subject Sample 21:43

3.582Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:09

Palm Beach County SO

SCHNEIDER,JOSHUA

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

RECTOR

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

# 1 0.163Subject Sample 00:22

1.164Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.169Subject Sample 00:26

2.066Breath Volume 00:26

0.000Air Blank 00:26

0.079Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 07/13/2018 16:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5106/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:53

Palm Beach County SO

TAVARES,LUCAS

10/05/2019

22817080A5

FHP Troop L

MOYNIHAN,KERIANE,M

AGUIRRE

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

# 1 0.130Subject Sample 02:58

2.031Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.142Subject Sample 03:01

2.117Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 07/13/2018 16:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1206/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:03

Palm Beach County SO

TODD,ZION

10/05/2019

22817080A5

FHP Troop L

MOYNIHAN,KERIANE,M

CASTILLO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.173Subject Sample 04:19

2.140Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.168Subject Sample 04:22

2.445Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 07/13/2018 16:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:1606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:18

17:42

Palm Beach County SO

HERZOG,RYAN

10/05/2019

22817080A5

Palm Beach County SO

PARENT,GARY,J

RUIZ LANZA

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.080Control Test 18:54

0.000Air Blank 18:54

# 1 0.227Subject Sample 18:55

2.257Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.223Subject Sample 19:00

1.558Breath Volume 19:00

0.000Air Blank 19:01

0.079Control Test 19:01

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 07/13/2018 16:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:5506/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:24

Palm Beach County SO

SCHAEFER,JOHN

10/05/2019

22817080A5

Palm Beach County SO

PARENT,GARY,J

THOMAS

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

# 1 0.216Subject Sample 20:31

2.128Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.228Subject Sample 20:35

3.128Breath Volume 20:35

0.000Air Blank 20:35

0.079Control Test 20:36

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 07/13/2018 16:19

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:23

Palm Beach County SO

VANCAMP,JEFFERY

05/05/2020

05218080A3

Boca Raton PD

O'NEAL,SHARI,L

CAIRNS

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:16

# 1 0.097Subject Sample 01:16

1.949Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.091Subject Sample 01:19

1.691Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:2906/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:44

Palm Beach County SO

SCHAEFER,JOHN

05/05/2020

05218080A3

Palm Beach County SO

OWEN,SUE,

ALGARANAZ

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

# 1Subject Sample 22:51 Subject Test Refused

0.000Breath Volume 22:51

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:5206/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:29

Palm Beach County SO

WHITE,JENNIFER

05/05/2020

05218080A3

FHP Troop L

OWEN,SUE,

IACCARINO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.080Control Test 21:30

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:31

2.296Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:34

3.042Breath Volume 21:34

0.000Air Blank 21:34

0.080Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1906/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:53

Palm Beach County SO

TRUDEAU,RYAN

05/05/2020

05218080A3

Palm Beach Gardens

O'NEAL,SHARI,L

KITA

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.216Subject Sample 22:13

1.125Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.209Subject Sample 22:18

1.355Breath Volume 22:18

0.000Air Blank 22:19

0.078Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2406/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:21

Palm Beach County SO

PEREZ,JOSH

05/05/2020

05218080A3

Palm Beach County SO

OWEN,SUE,

BROUS

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:14

# 1 0.233Subject Sample 23:14

1.152Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.233Subject Sample 23:17

2.042Breath Volume 23:17

0.000Air Blank 23:18

0.078Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:2806/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:05

Palm Beach County SO

BORROWS,ANDREW

05/05/2020

05218080A3

Jupiter PD

O'NEAL,SHARI,L

SILVESTRE DOMINGO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

# 1 0.161Subject Sample 02:16

1.253Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 2 0.152Subject Sample 02:19

1.328Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5506/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

00:31

Palm Beach County SO

CHRISWISSER,JACLYN

05/05/2020

05218080A3

Boca Raton PD

O'NEAL,SHARI,L

DENEKE

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.143Subject Sample 02:54

1.277Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.144Subject Sample 02:59

1.437Breath Volume 02:59

0.000Air Blank 02:59

0.078Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:5606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:35

08:03

Palm Beach County SO

CASCIO,RICHARD

05/05/2020

05218080A3

Palm Beach County SO

O'NEAL,SHARI,L

RIVERA MURILLO

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:03

0.000Air Blank 09:04

0.079Control Test 09:04

0.000Air Blank 09:05

# 1Subject Sample 09:06 Subject Test Refused

0.000Breath Volume 09:06

0.000Air Blank 09:07

0.079Control Test 09:07

0.000Air Blank 09:07

OKDiagnostics Check 09:07

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006239CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:0606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:34

Palm Beach County SO

LEHENY,JACOB

05/05/2020

05218080A3

Palm Springs PD

POUND,PARIS,D

PEREZ JIMENEZ

06/22/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1 0.121Subject Sample 03:56 Volume Not Met

0.574Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:58

# 2 0.162Subject Sample 03:59

1.539Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:01

# 3 0.158Subject Sample 04:02

1.406Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 07/13/2018 12:57

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2806/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

00:50

Palm Beach County SO

WHITE,EDWARD

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

GARRIDO ROJAS

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.124Subject Sample 02:24 Volume Not Met

0.042Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.140Subject Sample 02:27

2.953Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 3 0.138Subject Sample 02:30

2.937Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:2706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:27

Palm Beach County SO

HOBBY,MATTHEW

10/05/2019

22817080A5

Jupiter PD

MOYNIHAN,KERIANE,M

LAVALLEE

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:36

# 1 0.217Subject Sample 02:39

2.246Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.223Subject Sample 02:42

2.222Breath Volume 02:42

0.000Air Blank 02:43

0.076Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1306/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:26

Palm Beach County SO

WHITE,EDWARD

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

LOTT

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

# 1 0.146Subject Sample 03:26 Volume Not Met

0.085Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.160Subject Sample 03:32 Volume Not Met

0.101Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:2606/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:26

Palm Beach County SO

WHITE,EDWARD

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

LOTT

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

# 1 0.166Subject Sample 03:38

1.414Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.160Subject Sample 03:42

1.175Breath Volume 03:42

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:11:2206/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

05:16

Palm Beach County SO

WARREN,SAM

10/05/2019

22817080A5

Palm Beach Gardens

MOYNIHAN,KERIANE,M

BRYANT

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:05

0.000Air Blank 06:05

0.080Control Test 06:06

0.000Air Blank 06:06

# 1 0.108Subject Sample 06:07

1.222Breath Volume 06:07

0.000Air Blank 06:07

0.000Air Blank 06:09

# 2 0.107Subject Sample 06:09

1.152Breath Volume 06:09

0.000Air Blank 06:10

0.079Control Test 06:10

0.000Air Blank 06:11

OKDiagnostics Check 06:11

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:2406/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:48

Palm Beach County SO

ROCHA,LUIS

10/05/2019

22817080A5

Jupiter PD

POUND,PARIS,D

LAFEVER

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

# 1 0.154Subject Sample 23:11

2.421Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.156Subject Sample 23:14

2.476Breath Volume 23:14

0.000Air Blank 23:15

0.078Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:50

Palm Beach County SO

MURPHY,CHRIS

10/05/2019

22817080A5

Palm Beach PD

POUND,PARIS,D

GUITAR

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.115Subject Sample 03:08

2.777Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.110Subject Sample 03:12

1.773Breath Volume 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2506/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:30

Palm Beach County SO

WALTON,THOMAS

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

GONZALEZ

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

# 1 0.199Subject Sample 03:13

2.671Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.197Subject Sample 03:15

1.246Breath Volume 03:15

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:40

Palm Beach County SO

RAMIREZ,DAYRON

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

ABNER

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.229Subject Sample 02:06

2.546Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.227Subject Sample 02:10

1.851Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:4506/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:07

Palm Beach County SO

SCHAEFER,JOHN

10/05/2019

22817080A5

Palm Beach County SO

MOYNIHAN,KERIANE,M

VENEZIA

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

# 1Subject Sample 02:57 Subject Test Refused

0.000Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:0006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:57

Palm Beach County SO

SCHAEFER,JOHN

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

LEBEGUE

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

# 1 0.094Subject Sample 00:13

1.570Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:15

# 2 0.093Subject Sample 00:16

1.726Breath Volume 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:18

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:0106/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:07

Palm Beach County SO

SCHNEIDER,JOSHUA

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

MOSLEY

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.194Subject Sample 02:03

1.769Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:05

# 2 0.206Subject Sample 02:06

3.179Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:08

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:3206/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:36

Palm Beach County SO

BORROWS,ANDREW

10/05/2019

22817080A5

Jupiter PD

POUND,PARIS,D

BERGER

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.242Subject Sample 03:30

1.710Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.236Subject Sample 03:33

1.324Breath Volume 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/22/2018 12:43

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006240CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:0606/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:35

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

10/05/2019

22817080A5

Palm Beach County SO

POUND,PARIS,D

DAVILACARRANZA

05/11/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

# 1 0.163Subject Sample 00:32

3.472Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:34

# 2 0.187Subject Sample 00:35

2.082Breath Volume 00:35

Air Blank 00:36 Purge Fail

Air Blank 00:37 Purge Fail

Data Download Date/Time: 06/22/2018 12:43

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:5106/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

00:02

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

REDIGAN

06/07/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.078Control Test 00:16

0.000Air Blank 00:16

# 1 0.232Subject Sample 00:17

1.792Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.206Subject Sample 00:21

1.484Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:23

# 3 0.231Subject Sample 00:24

1.300Breath Volume 00:24

0.000Air Blank 00:24

0.081Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 07/18/2018 19:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0906/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:58

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

SHALZ

06/07/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.082Control Test 02:16

0.000Air Blank 02:17

# 1 0.203Subject Sample 02:17

1.925Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.205Subject Sample 02:20

1.878Breath Volume 02:20

0.000Air Blank 02:21

0.082Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 07/18/2018 19:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0506/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:49

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

HARVEY

06/07/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1 0.084Subject Sample 03:05

2.953Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.087Subject Sample 03:07

3.406Breath Volume 03:07

0.000Air Blank 03:08

0.081Control Test 03:08

0.000Air Blank 03:09

FailDiagnostics Check 03:09 Analytical Stability Test

0.000Air Blank 03:10

Data Download Date/Time: 07/18/2018 19:23

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:1206/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:35

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

MITCHELL

06/07/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:44

# 1 0.158Subject Sample 00:45

1.632Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.166Subject Sample 00:48

2.906Breath Volume 00:48

0.000Air Blank 00:49

0.082Control Test 00:49

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 07/18/2018 19:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4606/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:39

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

WHYTE

06/07/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.084Subject Sample 02:50

2.437Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.082Subject Sample 02:53

2.183Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

FailDiagnostics Check 02:55 Analytical Stability Test

Air Blank 02:55 RFI Detect

Data Download Date/Time: 07/18/2018 19:24

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3406/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:44

02:16

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

KOLAWOLE

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:11 No Sample Provided

0.000Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.090Subject Sample 03:15

1.160Breath Volume 03:15

0.000Air Blank 03:15

0.000Air Blank 03:17

# 3 0.089Subject Sample 03:18

1.164Breath Volume 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:4606/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:50

Gainesville PD

TURNER,KENDRICK

02/05/2019

34416080A2

Gainesville PD

KEIMIG,EMORIE,I

PHILLIPS

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

# 1Subject Sample 01:29 No Sample Provided

0.000Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:35

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:0706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:11

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

KIRCHNER

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.139Subject Sample 03:05

2.023Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.136Subject Sample 03:09

1.445Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:0506/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:11

Gainesville PD

BRINSKO,THOMAS

02/05/2019

34416080A2

Gainesville PD

BRINSKO,THOMAS,K

MYRICK

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:49

0.000Air Blank 00:49

# 1 0.293Subject Sample 00:51

1.238Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.259Subject Sample 00:57 Volume Not Met

0.371Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 3Subject Sample 01:02 Subject Test Refused

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:04

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:1306/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:40

Gainesville PD

STEMEN,AARON

02/05/2019

34416080A2

Gainesville PD

STEMEN,AARON,M

BREWTON

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:34 No Sample Provided

0.000Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2Subject Sample 03:39 No Sample Provided

0.000Breath Volume 03:39

0.000Air Blank 03:40

0.082Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006384CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5506/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:20

Gainesville PD

WENDT,HENDRIK

02/05/2019

34416080A2

Gainesville PD

BOSTICK,JESSE,W

MALDOUADO

05/26/2018

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:51

0.081Control Test 04:52

0.000Air Blank 04:52

# 1 0.202Subject Sample 04:55

1.847Breath Volume 04:55

0.000Air Blank 04:56

0.000Air Blank 04:57

# 2 0.220Subject Sample 04:59

1.871Breath Volume 04:59

0.000Air Blank 04:59

0.076Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 06/21/2018 21:29

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:44

Hillsborough Co SO

NIEUWENDAM,R

03/05/2019

03417080A1

Tampa PD

HOLLAND,CHARLEENE,N

PABON ROSADO

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:02

Hillsborough Co SO

DIEL,A

03/05/2019

03417080A1

U of So FL Campus PD

MONTGOMERY,ALECIA,L

NUNEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.081Control Test 02:57

0.000Air Blank 02:58

# 1 0.133Subject Sample 02:59

2.683Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.141Subject Sample 03:02

2.789Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:05

Hillsborough Co SO

SULAIMAN,R

03/05/2019

03417080A1

FHP Troop C

TORRES,JENIFER,

MAHONEY

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

# 1 0.155Subject Sample 03:15

2.347Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.155Subject Sample 03:19

2.402Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:4106/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

20:22

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

SANCHEZ RODRIGUEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.081Control Test 20:54

0.000Air Blank 20:55

# 1 0.000Subject Sample 20:55

2.066Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.000Subject Sample 20:59

2.089Breath Volume 20:59

0.000Air Blank 20:59

0.081Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2506/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:51

Hillsborough Co SO

SINANI,A

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

FERNANDEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:01

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:02

1.906Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:05

1.515Breath Volume 02:05

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:5406/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

21:56

Hillsborough Co SO

DRISCOLL,B

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

JARAMILLO

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

# 1 0.130Subject Sample 23:14

1.625Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.128Subject Sample 23:17

1.488Breath Volume 23:17

0.000Air Blank 23:17

0.079Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:4406/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

04:22

Hillsborough Co SO

BLANCHARD,J

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

KENNEDY

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.081Control Test 04:59

0.000Air Blank 04:59

# 1 0.192Subject Sample 05:00

2.308Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.195Subject Sample 05:04

2.144Breath Volume 05:04

0.000Air Blank 05:04

0.080Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:4906/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

20:49

Hillsborough Co SO

COSTA,A

03/05/2019

03417080A1

Hillsborough Co SO

TORRES,JENIFER,

MORALES

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.081Control Test 22:07

0.000Air Blank 22:07

# 1 0.000Subject Sample 22:08

2.148Breath Volume 22:08

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.000Subject Sample 22:11

2.132Breath Volume 22:11

0.000Air Blank 22:11

0.081Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:25

Hillsborough Co SO

VAN-TREESE,S

03/05/2019

03417080A1

Tampa PD

DAIL,JULIE,A

HILL III

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:08

# 1 0.089Subject Sample 04:09

1.132Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.093Subject Sample 04:12

1.394Breath Volume 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:4806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:23

Hillsborough Co SO

SCHILLER,E

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

VAZQUEZ-PEDROSO

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1 0.182Subject Sample 05:23

1.652Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.175Subject Sample 05:27

2.070Breath Volume 05:27

0.000Air Blank 05:27

0.080Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:3706/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:33

04:57

Hillsborough Co SO

WOLSTENHOLM,A

01/05/2020

31517080A1

FHP Troop C

GRANNIS,RONALD,R

HERNANDEZ-HERNANDEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.080Control Test 05:54

0.000Air Blank 05:54

# 1 0.115Subject Sample 05:56

3.195Breath Volume 05:56

0.000Air Blank 05:56

0.000Air Blank 05:58

# 2 0.114Subject Sample 05:58

2.625Breath Volume 05:58

0.000Air Blank 05:59

0.079Control Test 06:00

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0606/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:38

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

WASOBA

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

# 1 0.037Subject Sample 02:19

3.921Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.033Subject Sample 02:22

2.925Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0206/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:26

Hillsborough Co SO

HONEYGHON,A

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

RIO

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.080Control Test 00:08

0.000Air Blank 00:09

# 1 0.062Subject Sample 00:10

2.503Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:12

# 2 0.056Subject Sample 00:13

1.492Breath Volume 00:13

0.000Air Blank 00:14

0.080Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:15

Data Download Date/Time: 06/19/2018 20:30

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4606/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:28

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

GRANNIS,RONALD,R

PARKER

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.303Subject Sample 04:30

2.210Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.304Subject Sample 04:34

1.949Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4606/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:40

Hillsborough Co SO

ANDERSON,C

01/05/2020

31517080A1

FHP Troop C

MCMINN,KATHY,

WOLFE

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

# 1 0.146Subject Sample 01:26

1.332Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.164Subject Sample 01:30

2.789Breath Volume 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5806/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:44

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

MENTION

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1Subject Sample 03:31 Subject Test Refused

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:2406/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:01

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

CAMPOS CHANG

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1 0.142Subject Sample 02:40

4.468Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.135Subject Sample 02:43

3.929Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3006/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:44

Hillsborough Co SO

SULLIVAN,T

01/05/2020

31517080A1

FHP Troop C

MONTGOMERY,ALECIA,L

MOHAMED ALI

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:48

# 1 0.088Subject Sample 03:48

2.875Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.085Subject Sample 03:51

2.476Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5806/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:35

Hillsborough Co SO

SIMPKINS,D

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

MCGUGIN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.287Subject Sample 00:29

2.390Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.292Subject Sample 00:32

2.566Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:1706/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:09

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

ARUNDALE,BRITTANY,T

IBRAHIM

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.107Subject Sample 01:50

2.398Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.104Subject Sample 01:53

1.589Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4206/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:52

Hillsborough Co SO

VAN-TREESE,S

01/05/2020

31517080A1

Tampa PD

ARUNDALE,BRITTANY,T

NOLAN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.195Subject Sample 00:37

3.757Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.185Subject Sample 00:41

3.433Breath Volume 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:2406/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:22

Hillsborough Co SO

SINANI,A

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

SMITH

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

# 1 0.324Subject Sample 05:07

1.601Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.317Subject Sample 05:11

1.785Breath Volume 05:11

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 06/19/2018 20:31

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:2806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:41

Hillsborough Co SO

MACIAS,A

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GODINEZ-PEREZ

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.208Subject Sample 23:26

1.644Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.218Subject Sample 23:29

1.886Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 07/12/2018 17:35

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:2706/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

23:18

FHP Troop A

LUNA,ANGEL

01/05/2019

32316080A2

FHP Troop A

LUNA,ANGEL,

WITT

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

# 1 0.000Subject Sample 00:04

2.554Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.000Subject Sample 00:08

2.070Breath Volume 00:08

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:4506/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

02:54

FHP Troop A

DURHAM,JAMES

01/05/2019

32316080A2

FHP Troop A

MARTINEZ,HENDRICK,J

WARD

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.137Subject Sample 04:35

1.945Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.139Subject Sample 04:38

1.980Breath Volume 04:38

0.000Air Blank 04:38

0.080Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:4606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:54

19:30

FHP Troop A

LYNCH,CHAD

01/05/2019

32316080A2

FHP Troop C

LYNCH,CHAD,J

RICHERT

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.081Control Test 20:15

0.000Air Blank 20:15

# 1 0.000Subject Sample 20:16

1.894Breath Volume 20:16

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.000Subject Sample 20:19

1.687Breath Volume 20:19

0.000Air Blank 20:19

0.081Control Test 20:20

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:27:3606/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

14:20

FFWCC (Panama City)

LONG,SEAN

01/05/2019

32316080A2

FFWCC (Panama City)

LONG,SEAN,C

BARRETT

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:24

0.000Air Blank 15:25

0.080Control Test 15:25

0.000Air Blank 15:26

# 1Subject Sample 15:26 Subject Test Refused

0.000Breath Volume 15:26

0.000Air Blank 15:26

0.081Control Test 15:26

0.000Air Blank 15:27

OKDiagnostics Check 15:27

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4706/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:36

FHP Troop A

DURHAM,JAMES

01/05/2019

32316080A2

FHP Troop A

MARTINEZ,HENDRICK,J

WEIST

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.081Control Test 04:45

0.000Air Blank 04:45

# 1 0.277Subject Sample 04:46

1.839Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.277Subject Sample 04:49

1.238Breath Volume 04:49

0.000Air Blank 04:49

0.080Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:3606/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:55

Escambia County SO

HENLEY,WILLIAM

01/05/2019

32316080A2

Escambia County SO

HENLEY,WILLIAM,C

HILL

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.082Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3006/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:42

Pensacola PD

GARY,ADAM

01/05/2019

32316080A2

Pensacola PD

GARY,ADAM,C

RICHARDS

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:2306/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:32

FHP Troop A

WHIPPLE,MATTHEW

01/05/2019

32316080A2

FHP Troop A

WHIPPLE,MATTHEW,A

VAZQUEZ

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.080Control Test 19:16

0.000Air Blank 19:17

# 1 0.350Subject Sample 19:17

1.742Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.336Subject Sample 19:20

1.402Breath Volume 19:20

0.000Air Blank 19:21

0.080Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:3106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:31

17:25

Pensacola PD

NEFF,FORREST

01/05/2019

32316080A2

Pensacola PD

NEFF,FORREST,T

LEE

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:56

0.000Air Blank 17:57

0.081Control Test 17:57

0.000Air Blank 17:58

# 1 0.253Subject Sample 17:58

2.332Breath Volume 17:58

0.000Air Blank 17:59

0.000Air Blank 18:01

# 2 0.241Subject Sample 18:01

3.117Breath Volume 18:01

0.000Air Blank 18:02

0.080Control Test 18:02

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2206/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

22:54

Escambia County SO

SECOR,BROC

01/05/2019

32316080A2

Escambia County SO

SECOR,BROC,A

NICHOLSON

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.080Control Test 23:49

0.000Air Blank 23:50

# 1 0.199Subject Sample 23:50

3.437Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.196Subject Sample 23:53

3.679Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:0906/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

10:41

FHP Troop A

ORELLANA,ADALBERTO

01/05/2019

32316080A2

FHP Troop A

ORELLANA,ADALBERTO,L

ROSENBLATT

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.081Control Test 23:11

0.000Air Blank 23:11

# 1 0.165Subject Sample 23:14 Volume Not Met

0.472Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.170Subject Sample 23:19

1.222Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 3 0.142Subject Sample 23:25 Volume Not Met

0.527Breath Volume 23:25

0.000Air Blank 23:26

0.076Control Test 23:26

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:4606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

10:41

FHP Troop A

ORELLANA,ADALBERTO

01/05/2019

32316080A2

FHP Troop A

ORELLANA,ADALBERTO,L

ROSENBLATT

05/31/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

# 1 0.151Subject Sample 23:40 Volume Not Met

0.968Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.187Subject Sample 23:43

3.011Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 3Subject Sample 23:46 RFI Detect

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.080Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/29/2018 08:51

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:3106/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:20

FHP Troop A

KNOWLES,CONSTANCE

01/05/2019

32316080A2

FHP Troop A

KNOWLES,CONSTANCE,J

MILLER

06/29/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:57

0.000Air Blank 22:57

0.077Control Test 22:58

0.000Air Blank 22:58

# 1 0.127Subject Sample 22:58

2.082Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.122Subject Sample 23:01

2.378Breath Volume 23:01

0.000Air Blank 23:02

0.076Control Test 23:02

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 07/27/2018 09:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5106/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:04

Escambia County SO

HENLEY,WILLIAM

01/05/2019

32316080A2

Escambia County SO

HENLEY,WILLIAM,C

BROOKS

06/29/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.078Control Test 02:57

0.000Air Blank 02:57

# 1 0.193Subject Sample 02:59

1.933Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2Subject Sample 03:04 Subject Test Refused

0.015Breath Volume 03:04

0.000Air Blank 03:04

0.077Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 07/27/2018 09:12

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:2006/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:33

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

TARGIA,FRANK,

FOX

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:11

0.000Air Blank 08:11

0.080Control Test 08:12

0.000Air Blank 08:12

# 1Subject Sample 08:12 Subject Test Refused

0.000Breath Volume 08:12

0.000Air Blank 08:13

0.080Control Test 08:13

0.000Air Blank 08:14

OKDiagnostics Check 08:14

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:3906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:16

Miami PD

SANCHEZ,A

12/10/2018

203498

Miami PD

SOCORRO,CLAUDIA,

MENDOZA CARTAGENA

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

# 1 0.224Subject Sample 05:03

2.191Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.219Subject Sample 05:06

2.246Breath Volume 05:06

0.000Air Blank 05:07

0.075Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:48:0906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:18

07:04

Miami PD

AUGUSTE,SHERLEY

12/10/2018

203498

Miami PD

AUGUSTE,SHERLEY,

ARIZANDIETA

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:40

0.000Air Blank 07:41

0.080Control Test 07:41

0.000Air Blank 07:42

# 1 0.272Subject Sample 07:42

1.960Breath Volume 07:42

0.000Air Blank 07:43

0.000Air Blank 07:45

# 2 0.280Subject Sample 07:46

2.074Breath Volume 07:46

0.000Air Blank 07:47

0.079Control Test 07:47

0.000Air Blank 07:48

OKDiagnostics Check 07:48

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:3906/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:08

Coral Gables PD

BANKS,JAMES

12/10/2018

203498

Coral Gables PD

PEREZ,CRISTINO,

MARTINEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:39

0.000Air Blank 20:40

# 1 0.173Subject Sample 20:40

2.894Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.165Subject Sample 20:43

1.667Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5506/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

Miami PD

CEBALLOS,C

12/10/2018

203498

Miami PD

ESTEVEZ,D,

BENJAMIN

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

# 1 0.220Subject Sample 02:12

2.304Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.215Subject Sample 02:16

1.281Breath Volume 02:16

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:2606/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:35

Miami PD

TARGIA,FRANK

05/14/2018

203498

Miami PD

TARGIA,FRANK,

HIDALGO

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:10

0.000Air Blank 06:11

0.080Control Test 06:11

0.000Air Blank 06:12

# 1 0.105Subject Sample 06:12

1.929Breath Volume 06:12

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.104Subject Sample 06:15

1.855Breath Volume 06:15

0.000Air Blank 06:16

0.080Control Test 06:16

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:1706/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:43

Miami PD

PALOMINO,JULIO

12/10/2018

203498

Miami PD

PALOMINO,JULIO,

MORALES

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.079Control Test 05:20

0.000Air Blank 05:20

# 1Subject Sample 05:20 Subject Test Refused

0.000Breath Volume 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:5706/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

22:10

Miami PD

ESTEVEZ,D

11/21/2019

640976

Miami PD

ESTEVEZ,D,

BUSTAMANTE

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:37 Subject Test Refused

0.000Breath Volume 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:3806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

06:40

Miami PD

SOLIS,JAVIER

11/21/2019

640976

Miami PD

SOLIS,JAVIER,

DIAZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:26

0.000Air Blank 07:27

0.079Control Test 07:27

0.000Air Blank 07:27

# 1Subject Sample 07:28 Subject Test Refused

0.000Breath Volume 07:28

0.000Air Blank 07:28

0.080Control Test 07:29

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:4006/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:45

Miami PD

DIAZ,R

11/21/2019

640976

Miami PD

LOPEZ,M,

VINCZENCZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.081Control Test 19:37

0.000Air Blank 19:37

# 1 0.000Subject Sample 19:38

5.132Breath Volume 19:38

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.000Subject Sample 19:41

4.230Breath Volume 19:41

0.000Air Blank 19:41

0.079Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:2706/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:24

05:40

Miami PD

HERNANDEZ,Y

11/21/2019

640976

Miami PD

PARKER,DEONTAY,T

GUZMAN

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:23

0.000Air Blank 07:23

0.079Control Test 07:23

0.000Air Blank 07:24

# 1 0.130Subject Sample 07:24

2.964Breath Volume 07:24

0.000Air Blank 07:25

0.000Air Blank 07:27

# 2 0.128Subject Sample 07:27

2.753Breath Volume 07:27

0.000Air Blank 07:28

0.078Control Test 07:28

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:1206/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:25

Miami PD

SANCHEZ,A

11/21/2019

640976

Miami PD

MATHIS,ANDRE,D

HERNANDEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:4306/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:08

Coral Gables PD

GIBSON,GEROMINO

11/21/2019

640976

Coral Gables PD

PEREZ,CRISTINO,

MONTERO

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1Subject Sample 23:25 Subject Test Refused

0.000Breath Volume 23:25

0.000Air Blank 23:25

0.080Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006456CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:10

Miami PD

MONTESTE,W

11/21/2019

640976

Miami PD

ESTEVEZ,D,

TUFF

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:56 No Sample Provided

0.000Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2Subject Sample 03:59 Subject Test Refused

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/28/2018 11:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:13:3606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

02:33

Miami PD

TARGIA,F

12/10/2018

203498

Miami PD

TARGIA,FRANK,

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:10

0.000Air Blank 08:11

0.082Control Test 08:11

0.000Air Blank 08:12

# 1Subject Sample 08:12 Subject Test Refused

0.000Breath Volume 08:12

0.000Air Blank 08:12

0.078Control Test 08:13

0.000Air Blank 08:13

OKDiagnostics Check 08:13

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1606/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:49

Miami PD

KENHAN,MAXIMILIAN

12/10/2018

203498

Miami PD

KENHAN,MAXIMILIAN,A

STANTON

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

# 1Subject Sample 01:36 Subject Test Refused

0.000Breath Volume 01:36

0.000Air Blank 01:37

0.082Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:0806/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:43

Miami PD

PALOMINO,JULIO

12/10/2018

203498

Miami PD

PALOMINO,JULIO,

MORALES

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:07

0.071Control Test 05:07 Interferent Detect

Air Blank 05:08 Ambient Fail

Data Download Date/Time: 06/28/2018 11:39

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:3506/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:43

Miami PD

JULIO,PALOMINO

12/10/2018

203498

Miami PD

PALOMINO,JULIO,

MORALES

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:13

Air Blank 05:14 Ambient Fail

Air Blank 05:14 Ambient Fail

Data Download Date/Time: 06/28/2018 11:39

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:47:5106/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:53

Miami PD

LLOVET,JERRY

12/10/2018

203498

Miami PD

LLOVET,JERRY,

FERNANDEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:42

# 1 0.229Subject Sample 04:43

3.406Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:45

# 2 0.209Subject Sample 04:46

1.519Breath Volume 04:46

0.000Air Blank 04:46

0.079Control Test 04:47

0.000Air Blank 04:47

OKDiagnostics Check 04:47

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0606/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:10

Miami PD

RAMIREZ,CRISTIAN

12/10/2018

203498

Miami PD

RAMIREZ,CRISTIAN,A

YOUNG

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.081Control Test 23:49

0.000Air Blank 23:50

# 1 0.205Subject Sample 23:51

1.203Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:53

# 2 0.190Subject Sample 23:56

2.117Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5806/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:32

Miami PD

LAING,KENESHA

12/10/2018

203498

Miami PD

SEGURA,OYUKI,M

HALL

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:3006/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:32

Miami PD

LAING,KENESHA

12/10/2018

203498

Miami PD

SEGURA,OYUKI,M

HALL

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.079Control Test 02:15

0.000Air Blank 02:15

# 1Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:15:5406/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:58

Coral Gables PD

MAIZO,B

12/10/2018

203498

Coral Gables PD

THOMSON,ROBERT,H

JUNCO

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:09

0.000Air Blank 07:09

0.080Control Test 07:09

0.000Air Blank 07:10

# 1 0.220Subject Sample 07:11

2.472Breath Volume 07:11

0.000Air Blank 07:12

0.000Air Blank 07:13

# 2 0.228Subject Sample 07:14

2.300Breath Volume 07:14

0.000Air Blank 07:14

0.078Control Test 07:15

0.000Air Blank 07:15

OKDiagnostics Check 07:15

Data Download Date/Time: 06/28/2018 11:39

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:5806/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,JUAN,D

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:18

0.082Control Test 23:18

0.000Air Blank 23:19

# 1Subject Sample 23:20 Slope Not Met

0.636Breath Volume 23:20

0.000Air Blank 23:21

0.104Control Test 23:22 Interferent Detect

0.000Air Blank 23:22

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:2106/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,JUAN,D

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.082Control Test 23:30

0.000Air Blank 23:31

# 1Subject Sample 23:31 Slope Not Met

0.593Breath Volume 23:31

0.000Air Blank 23:32

0.034Control Test 23:32 Interferent Detect

0.000Air Blank 23:33

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:40:2806/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,JUAN,D

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.075Control Test 23:37

0.000Air Blank 23:38

# 1Subject Sample 23:38 Slope Not Met

1.605Breath Volume 23:38

0.000Air Blank 23:39

0.086Control Test 23:39 Control Outside Tolerance

0.000Air Blank 23:40

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:5206/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,JOHN,

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

# 1Subject Sample 23:58 Slope Not Met

1.023Breath Volume 23:58

Air Blank 23:59 Purge Fail

Air Blank 23:59 Purge Fail

Data Download Date/Time: 06/28/2018 11:40

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4006/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:52

22:24

Miami PD

GARCIA,SANDRA

12/10/2018

203498

Miami PD

CANO,J,

JIMENEZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.076Control Test 00:04

0.000Air Blank 00:05

# 1Subject Sample 00:05 Slope Not Met

2.542Breath Volume 00:05

Air Blank 00:06 Ambient Fail

0.000Air Blank 00:06

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:58:5306/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

09:14

Miami PD

SANDS,YOLANDA

12/10/2018

203498

Miami PD

CRUZ,ALLAN,

CRUZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:56

0.000Air Blank 09:56

0.080Control Test 09:56

0.000Air Blank 09:57

# 1Subject Sample 09:57 Subject Test Refused

0.000Breath Volume 09:57

0.000Air Blank 09:57

0.080Control Test 09:58

0.000Air Blank 09:58

OKDiagnostics Check 09:58

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:10:4206/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

09:14

Miami PD

SANDS,YOLANDA

12/10/2018

203498

Miami PD

CASTANO,FRANCISCO,

CRUZ

05/14/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:08

0.080Control Test 10:08

0.000Air Blank 10:08

# 1Subject Sample 10:09 Subject Test Refused

0.000Breath Volume 10:09

0.000Air Blank 10:09

0.080Control Test 10:10

0.000Air Blank 10:10

OKDiagnostics Check 10:10

Data Download Date/Time: 06/28/2018 11:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:28:4306/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:00

11:26

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

RAMIREZ,CRISTIAN,A

MACEO-TAMAYO

06/28/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:22

0.000Air Blank 12:22

0.080Control Test 12:22

0.000Air Blank 12:23

# 1 0.205Subject Sample 12:24

2.757Breath Volume 12:24

0.000Air Blank 12:24

0.000Air Blank 12:26

# 2 0.200Subject Sample 12:27

3.273Breath Volume 12:27

0.000Air Blank 12:27

0.078Control Test 12:28

0.000Air Blank 12:28

OKDiagnostics Check 12:28

Data Download Date/Time: 07/30/2018 18:26

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:33:5606/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

14:01

Miami PD

TARGIA,FRANK

12/10/2018

203498

Miami PD

RAMIREZ,CRISTIAN,

VASQUEZ GARCIA

06/28/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:31

0.000Air Blank 14:31

0.080Control Test 14:32

0.000Air Blank 14:32

# 1Subject Sample 14:32 Subject Test Refused

0.000Breath Volume 14:32

0.000Air Blank 14:33

0.036Control Test 14:33 RFI Detect

Air Blank 14:33 RFI Detect

Data Download Date/Time: 07/30/2018 18:26

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0006/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:26

21:53

Miami PD

MIRANDA,DANIEL

12/10/2018

203498

Miami PD

CHESTER,CHARLES,W

PERAZA

06/28/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:47

# 1 0.101Subject Sample 22:48

1.738Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:50

# 2 0.100Subject Sample 22:52

1.148Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:54

Data Download Date/Time: 07/30/2018 18:26

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:3006/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:52

Monroe County SO

DONAVON,KATHLEEN

08/06/2018

14968

Monroe County SO

CHLEBANOWSKI,RYAN,P

JONES

05/02/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

# 1 0.172Subject Sample 03:48

2.636Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.162Subject Sample 03:51

2.757Breath Volume 03:51

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 06/07/2018 11:03

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:34:1406/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:13

Monroe County SO

FRICKE,KEN

08/06/2018

14968

Monroe County SO

FRICKE,KEN,M

WILSON

05/02/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.079Control Test 18:32

0.000Air Blank 18:32

# 1Subject Sample 18:32 Subject Test Refused

0.000Breath Volume 18:32

0.000Air Blank 18:33

0.079Control Test 18:33

0.000Air Blank 18:34

OKDiagnostics Check 18:34

Data Download Date/Time: 06/07/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4406/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:17

Monroe County SO

LANE,JONATHAN

08/06/2018

14968

Monroe County SO

CHLEBANOWSKI,RYAN,P

QUALMAN

05/02/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

# 1 0.155Subject Sample 20:18

2.882Breath Volume 20:18

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.162Subject Sample 20:21

2.781Breath Volume 20:21

0.000Air Blank 20:21

0.077Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 06/07/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:2206/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:14

FFWCC (West Palm)

COBB,AUSTIN

10/05/2020

823252

FFWCC (West Palm)

PIEKENBROCK,ALEX,J

SIMCIC

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.046Subject Sample 00:22

3.988Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.041Subject Sample 00:25

3.746Breath Volume 00:25

0.000Air Blank 00:26

0.077Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5106/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

11:55

Monroe County SO

DONAVON,KATHLEEN

10/05/2020

823252

Monroe County SO

CHLEBANOWSKI,RYAN,P

LATKA

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:44

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:15:1106/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:23

FHP Troop E

WILLIAMSON,BRANDEE

10/05/2020

823252

FHP Troop E

WILLIAMSON,BRANDEE,E

HUNT

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:12

0.000Air Blank 18:12

0.079Control Test 18:12

0.000Air Blank 18:13

# 1Subject Sample 18:13 Subject Test Refused

0.000Breath Volume 18:13

0.000Air Blank 18:14

0.078Control Test 18:14

0.000Air Blank 18:15

OKDiagnostics Check 18:15

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2106/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:01

Monroe County SO

LANE,JONATHAN

10/05/2020

823252

Monroe County SO

CHLEBANOWSKI,RYAN,P

FENNER

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:29:5706/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:03

13:45

Monroe County SO

ALLEN,JOHN

10/05/2020

823252

Monroe County SO

FRICKE,KENNETH,M

SOLIS

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:23

0.000Air Blank 14:24

0.079Control Test 14:24

0.000Air Blank 14:25

# 1 0.000Subject Sample 14:25

2.707Breath Volume 14:25

0.000Air Blank 14:26

0.000Air Blank 14:28

# 2 0.000Subject Sample 14:28

2.707Breath Volume 14:28

0.000Air Blank 14:29

0.077Control Test 14:29

0.000Air Blank 14:29

OKDiagnostics Check 14:29

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:4606/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:01

Monroe County SO

LOPEZ,ANTHONY

10/05/2020

823252

Monroe County SO

CHLEBANOWSKI,RYAN,P

REIDEL

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:47

0.000Air Blank 18:48

0.078Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:49 Subject Test Refused

0.000Breath Volume 18:49

0.000Air Blank 18:49

0.079Control Test 18:50

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:3006/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:32

Key West PD

YOUNG,JESSE

10/05/2020

823252

Key West PD

YOUNG,JESSE,A

ROYCE

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:05:1806/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:59

Monroe County SO

HOPP,SETH

10/05/2020

823252

Monroe County SO

HOPP,SETH,M

REECE

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:59

0.079Control Test 16:59

0.000Air Blank 17:00

# 1 0.246Subject Sample 17:00

4.792Breath Volume 17:00

0.000Air Blank 17:01

0.000Air Blank 17:03

# 2 0.255Subject Sample 17:03

4.000Breath Volume 17:03

0.000Air Blank 17:04

0.077Control Test 17:04

0.000Air Blank 17:05

OKDiagnostics Check 17:05

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5506/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

01:45

FHP Troop E

BLYTH,KYLE

10/05/2020

823252

FHP Troop E

BLYTH,KYLE,A

MAEDKE

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

# 1 0.157Subject Sample 03:09

2.460Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.150Subject Sample 03:12

1.359Breath Volume 03:12

0.000Air Blank 03:13

0.077Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:44:2606/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

08:05

Key West PD

SELLERS,BRENDA

10/05/2020

823252

Key West PD

KEOHANE,KUNIKO,

EASTERDAY

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:41

0.000Air Blank 08:42

0.079Control Test 08:42

0.000Air Blank 08:42

# 1Subject Sample 08:43 Subject Test Refused

0.000Breath Volume 08:43

0.000Air Blank 08:43

0.078Control Test 08:43

0.000Air Blank 08:44

OKDiagnostics Check 08:44

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:4006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:30

15:30

Key West PD

STULLKEN,DON

10/05/2020

823252

Monroe County SO

KEOHANE,KUNIKO,

GOMEZ

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.078Control Test 15:51

0.000Air Blank 15:52

# 1 0.256Subject Sample 15:53

3.394Breath Volume 15:53

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2 0.248Subject Sample 15:56

1.824Breath Volume 15:56

0.000Air Blank 15:56

0.078Control Test 15:57

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4906/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:52

Key West PD

CONATY,JAY

10/05/2020

823252

Key West PD

CONATY',JAY,T

MAYNARD

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.079Control Test 04:30

0.000Air Blank 04:30

# 1 0.129Subject Sample 04:31

1.171Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.130Subject Sample 04:35

1.328Breath Volume 04:35

0.000Air Blank 04:35

0.076Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0106/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:32

Key West PD

YOUNG,JESSE

10/05/2020

823252

Key West PD

YOUNG,JESSE,A

HENSLEY

06/07/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.078Control Test 05:48

0.000Air Blank 05:49

# 1 0.146Subject Sample 05:49

1.410Breath Volume 05:49

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.138Subject Sample 05:52

1.429Breath Volume 05:52

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:54

Data Download Date/Time: 07/11/2018 11:04

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:0406/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

18:26

Village of Pinecrest

CARBALLEIRA,JEANETTE

10/05/2019

22817080A4

Village of Pinecrest

CARBALLEIRA,JEANETTE,

HERNANDEZ

06/07/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:49

0.000Air Blank 18:49

0.078Control Test 18:49

0.000Air Blank 18:50

# 1Subject Sample 18:50 Subject Test Refused

0.000Breath Volume 18:50

0.000Air Blank 18:51

0.077Control Test 18:51

0.000Air Blank 18:51

OKDiagnostics Check 18:52

Data Download Date/Time: 07/12/2018 11:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:49:3806/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

06:02

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

BARRIGA,JUAN,

BARBARAN MAZO

06/07/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:48

0.000Air Blank 06:48

0.077Control Test 06:48

Air Blank 06:49 RFI Detect

0.000Air Blank 06:49

Data Download Date/Time: 07/12/2018 11:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:53:2306/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

06:02

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

BARRIGA,JUAN,

BARBARAN MAZO

06/07/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:52

Air Blank 06:52 Ambient Fail

0.000Air Blank 06:53

Data Download Date/Time: 07/12/2018 11:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:10:0806/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

06:02

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

BARRIGA,JUAN,

BARBARAN MAZO

06/07/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:56

0.000Air Blank 06:56

0.076Control Test 06:56

0.000Air Blank 06:57

# 1 0.167Subject Sample 07:00 Volume Not Met

0.050Breath Volume 07:00

0.000Air Blank 07:01

0.000Air Blank 07:03

# 2 0.175Subject Sample 07:04

1.390Breath Volume 07:04

0.000Air Blank 07:05

0.000Air Blank 07:07

# 3 0.162Subject Sample 07:08

1.269Breath Volume 07:08

0.000Air Blank 07:09

0.076Control Test 07:09

0.000Air Blank 07:10

OKDiagnostics Check 07:10

Data Download Date/Time: 07/12/2018 11:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:2206/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:07

Village of Pinecrest

CARBALLEIRA,JEANETTE

10/05/2019

22817080A4

Village of Pinecrest

CARBALLEIRA,JEANETTE,

SOLORZANO

06/07/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:03

0.078Control Test 18:04

0.000Air Blank 18:04

# 1Subject Sample 18:04 Subject Test Refused

0.000Breath Volume 18:04

0.000Air Blank 18:05

0.079Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 07/12/2018 11:28

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5506/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:22

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

RIVERA LOPEZ

05/11/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:54

0.077Control Test 20:55

0.000Air Blank 20:55

# 1 0.160Subject Sample 20:57

2.171Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.173Subject Sample 21:01

2.218Breath Volume 21:01

0.000Air Blank 21:02

0.075Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 06/18/2018 09:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2406/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:10

Manatee County SO

BIGBY,CHARLES

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

LEAL-PALACIOS

05/11/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.077Control Test 23:50

0.000Air Blank 23:51

# 1 0.194Subject Sample 23:51

1.660Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.186Subject Sample 23:54

1.472Breath Volume 23:54

0.000Air Blank 23:55

0.076Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 06/18/2018 09:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2906/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

01:06

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

NAVA

05/11/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.077Control Test 01:43

0.000Air Blank 01:43

# 1 0.164Subject Sample 01:44

1.148Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.173Subject Sample 01:47

1.312Breath Volume 01:47

0.000Air Blank 01:48

0.075Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 06/18/2018 09:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:03:1106/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:36

18:31

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

PFOLSGROF

05/11/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:57

0.000Air Blank 18:57

0.077Control Test 18:57

0.000Air Blank 18:58

# 1 0.000Subject Sample 18:58

3.937Breath Volume 18:58

0.000Air Blank 18:59

0.000Air Blank 19:01

# 2 0.000Subject Sample 19:01

3.718Breath Volume 19:01

0.000Air Blank 19:02

0.075Control Test 19:02

0.000Air Blank 19:03

OKDiagnostics Check 19:03

Data Download Date/Time: 06/18/2018 09:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:4406/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:25

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

ALCOBER II

05/11/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.077Control Test 20:01

0.000Air Blank 20:01

# 1 0.338Subject Sample 20:02

2.894Breath Volume 20:02

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.333Subject Sample 20:05

3.085Breath Volume 20:05

0.000Air Blank 20:05

0.075Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 06/18/2018 09:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0606/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:39

Hillsborough Co SO

MACIAS,A

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

RUIZ-DIAZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

# 1 0.149Subject Sample 00:39

1.292Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.161Subject Sample 00:42

1.316Breath Volume 00:42

0.000Air Blank 00:43

0.078Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/19/2018 19:17

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0206/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:50

Hillsborough Co SO

PAULINO,M

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

DAVIS JR

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.123Subject Sample 04:34

1.277Breath Volume 04:34

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.128Subject Sample 04:37

1.226Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:38

OKDiagnostics Check 04:39

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3006/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:01

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

THOMAS,KAMIKA,L

MARTINS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:43

# 1 0.115Subject Sample 04:43

3.992Breath Volume 04:43

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.116Subject Sample 04:46

4.531Breath Volume 04:46

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:4406/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:47

12:02

Hillsborough Co SO

CRUZ,N 140829

03/05/2019

03417080A1

Hillsborough Co SO

SKIPPER,ROGER,G

CORDONE

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:07

0.000Air Blank 13:08

0.080Control Test 13:08

0.000Air Blank 13:08

# 1 0.000Subject Sample 13:09

2.640Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2 0.000Subject Sample 13:12

2.820Breath Volume 13:12

0.000Air Blank 13:12

0.080Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5406/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

22:40

Hillsborough Co SO

WASHINGTON,D

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

AGUIRRE

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.080Control Test 23:55

0.000Air Blank 23:55

# 3 0.213Subject Sample 23:58 Volume Not Met

0.164Breath Volume 23:58

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.211Subject Sample 00:03

1.804Breath Volume 00:03

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.205Subject Sample 00:07

1.371Breath Volume 00:07

0.000Air Blank 00:07

0.078Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3906/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:47

Hillsborough Co SO

DUNCAN,M

03/05/2019

03417080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

BLAND

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:44

# 1 0.179Subject Sample 00:46

1.964Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.187Subject Sample 00:49

2.289Breath Volume 00:49

0.000Air Blank 00:49

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0806/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:49

Hillsborough Co SO

GONZALEZ,D

03/05/2019

03417080A1

Hillsborough Co SO

THOMAS,KAMIKA,L

ALLEN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.149Subject Sample 01:29

4.867Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:31

# 2 0.154Subject Sample 01:32

4.507Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3306/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:57

Hillsborough Co SO

VISSER,A

03/05/2019

03417080A1

Hillsborough Co SO

THOMAS,KAMIKA,L

CESPEDES

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

# 1 0.147Subject Sample 02:39

1.457Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.148Subject Sample 02:42

2.027Breath Volume 02:42

0.000Air Blank 02:43

0.079Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:0106/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:41

05:13

Hillsborough Co SO

BAILEY,D

03/05/2019

03417080A1

Tampa PD

THOMAS,KAMIKA,L

VANN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:02

0.079Control Test 06:02

0.000Air Blank 06:03

# 1 0.222Subject Sample 06:03

1.144Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:05

# 2 0.215Subject Sample 06:06

2.261Breath Volume 06:06

0.000Air Blank 06:07

0.079Control Test 06:07

0.000Air Blank 06:07

OKDiagnostics Check 06:08

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:14:3706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:46

18:10

Hillsborough Co SO

DRISCOLL,B

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

DEWITT

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:06

0.000Air Blank 19:06

0.080Control Test 19:06

0.000Air Blank 19:07

# 1 0.095Subject Sample 19:09

1.195Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.095Subject Sample 19:13

1.136Breath Volume 19:13

0.000Air Blank 19:13

0.079Control Test 19:14

0.000Air Blank 19:14

OKDiagnostics Check 19:14

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:19

Hillsborough Co SO

SIMPKINS,D

03/05/2019

03417080A1

Hillsborough Co SO

MCMINN,KATHY,

LADINO-TREJOS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

# 1 0.189Subject Sample 04:14

1.371Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.185Subject Sample 04:16

1.136Breath Volume 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:08:1606/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:41

06:45

Hillsborough Co SO

ANDERSON,C

03/05/2019

03417080A1

FHP Troop C

SMITH,REBECCA,J

ALVAREZ AGUILAR

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:01

0.000Air Blank 08:01

0.079Control Test 08:02

0.000Air Blank 08:02

# 1 0.098Subject Sample 08:03

1.824Breath Volume 08:03

0.000Air Blank 08:04

0.000Air Blank 08:06

# 2 0.099Subject Sample 08:06

3.101Breath Volume 08:06

0.000Air Blank 08:07

0.079Control Test 08:07

0.000Air Blank 08:08

OKDiagnostics Check 08:08

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:2606/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:39

15:04

Hillsborough Co SO

NAYLOR,I

03/05/2019

03417080A1

Hillsborough Co SO

SNYDER,MELONIE,E

DECKER

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:59

0.000Air Blank 15:59

0.080Control Test 16:00

0.000Air Blank 16:00

# 1 0.170Subject Sample 16:01

2.644Breath Volume 16:01

0.000Air Blank 16:02

0.000Air Blank 16:04

# 2 0.180Subject Sample 16:04

2.730Breath Volume 16:04

0.000Air Blank 16:05

0.078Control Test 16:05

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:24:3606/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

08:55

08:30

Hillsborough Co SO

RHODES,M

03/05/2019

03417080A1

Hillsborough Co SO

SKIPPER,ROGER,G

HANNA

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:21

0.000Air Blank 09:22

0.080Control Test 09:22

0.000Air Blank 09:23

# 1 0.000Subject Sample 09:23

2.679Breath Volume 09:23

0.000Air Blank 09:24

0.000Air Blank 09:24

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:2306/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:11

Hillsborough Co SO

SNAGGS,S

03/05/2019

03417080A1

Tampa PD

THOMAS,KAMIKA,L

RUSSELL

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

# 1 0.091Subject Sample 00:05

1.355Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.090Subject Sample 00:08

1.457Breath Volume 00:08

0.000Air Blank 00:09

0.079Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0806/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:32

Hillsborough Co SO

FRANKLIN,R

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

SHAMIM

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:31

1.824Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:34

2.121Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:4706/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

04:55

Hillsborough Co SO

BURKE,B

03/05/2019

03417080A1

Hillsborough Co SO

THOMAS,KAMIKA,L

MENDEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:03

0.000Air Blank 06:03

0.081Control Test 06:04

0.000Air Blank 06:04

# 1 0.138Subject Sample 06:05

3.656Breath Volume 06:05

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.136Subject Sample 06:08

2.816Breath Volume 06:08

0.000Air Blank 06:08

0.080Control Test 06:09

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4206/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:09

Hillsborough Co SO

LUGO,J

03/05/2019

03417080A1

FHP Troop C

GRANNIS,RONALD,R

TAYLOR

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

# 1Subject Sample 02:27 No Sample Provided

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0206/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:58

Hillsborough Co SO

NIEUWENDAM,R

03/05/2019

03417080A1

Tampa PD

THOMAS,KAMIKA,L

MONTANEZ JR

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0606/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:32

Hillsborough Co SO

HONEYGHON,A

03/05/2019

03417080A1

Hillsborough Co SO

DAIL,JULIE,A

YUSUF

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.285Subject Sample 02:13

1.335Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.276Subject Sample 02:17

2.359Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3906/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:14

03:57

Hillsborough Co SO

VAN TREESE,S

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

WELLS III

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

# 1 0.090Subject Sample 04:37

1.628Breath Volume 04:37

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.080Subject Sample 04:40

1.230Breath Volume 04:40

0.000Air Blank 04:40

0.079Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:1306/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:18

Hillsborough Co SO

NIEUWENDAM,R

03/05/2019

03417080A1

Tampa PD

DAIL,JULIE,A

JOSEPH

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

# 1 0.115Subject Sample 03:13 Volume Not Met

0.660Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.148Subject Sample 03:17

2.527Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 3 0.144Subject Sample 03:20

1.324Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:2406/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:33

Hillsborough Co SO

SNAGGS,S

03/05/2019

03417080A1

Tampa PD

TORRES,JENIFER,

ZELEDON

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.079Subject Sample 04:20

1.105Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.077Subject Sample 04:24

1.382Breath Volume 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:3306/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:39

Hillsborough Co SO

SIERRA,P

03/05/2019

03417080A1

Tampa PD

GRANNIS,RONALD,R

SALGADO-MARTINEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:39

# 1 0.156Subject Sample 20:40

1.832Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.159Subject Sample 20:43

2.957Breath Volume 20:43

0.000Air Blank 20:44

0.079Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:48

Hillsborough Co SO

DE JESUS,V

03/05/2019

03417080A1

Hillsborough Co SO

THOMAS,KAMIKA,L

DIAZ VALLES

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

# 1 0.111Subject Sample 02:40

1.902Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:42

# 2 0.110Subject Sample 02:43

1.160Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:45

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:45:2606/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:17

04:34

Hillsborough Co SO

DE JESUS,V

03/05/2019

03417080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

RAMOS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:38

0.080Control Test 05:38

0.000Air Blank 05:38

# 1 0.145Subject Sample 05:40

1.246Breath Volume 05:40

0.000Air Blank 05:40

0.000Air Blank 05:42

# 2 0.149Subject Sample 05:43

2.222Breath Volume 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:45

OKDiagnostics Check 05:45

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:0206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:16

14:22

Hillsborough Co SO

GARCIA,R

03/05/2019

03417080A1

Hillsborough Co SO

BARR,BARBARA,H

PEREZ-GOMEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:36

0.000Air Blank 15:37

0.081Control Test 15:37

0.000Air Blank 15:38

# 1 0.271Subject Sample 15:38

1.281Breath Volume 15:38

0.000Air Blank 15:39

0.000Air Blank 15:40

# 2 0.266Subject Sample 15:41

1.175Breath Volume 15:41

0.000Air Blank 15:42

0.080Control Test 15:42

0.000Air Blank 15:42

OKDiagnostics Check 15:43

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:03:1006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

17:20

15:14

Hillsborough Co SO

NA,NA

03/05/2019

03417080A1

Plant City PD

BARR,BARBARA,H

VAZQUEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:48

0.000Air Blank 17:49

0.078Control Test 17:49

0.000Air Blank 17:50

# 1 0.211Subject Sample 17:50

3.890Breath Volume 17:50

0.000Air Blank 17:51

0.000Air Blank 17:52

# 2Subject Sample 17:56 No Sample Provided

0.000Breath Volume 17:56

0.000Air Blank 17:56

0.000Air Blank 17:58

# 3Subject Sample 18:01 No Sample Provided

0.000Breath Volume 18:01

0.000Air Blank 18:02

0.080Control Test 18:02

0.000Air Blank 18:03

OKDiagnostics Check 18:03

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:3206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:22

Hillsborough Co SO

CAMPBELL,J

03/05/2019

03417080A1

Hillsborough Co SO

GRANNIS,RONALD,R

GLASS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.080Control Test 23:00

0.000Air Blank 23:00

# 1 0.174Subject Sample 23:01

2.085Breath Volume 23:01

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.164Subject Sample 23:03

1.480Breath Volume 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:5606/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:58

04:40

Hillsborough Co SO

SHEINBERG,T

03/05/2019

03417080A1

FHP Troop C

THOMAS,KAMIKA,L

COUCH

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:26

0.000Air Blank 06:27

0.080Control Test 06:27

0.000Air Blank 06:28

# 1 0.036Subject Sample 06:30

1.195Breath Volume 06:30

0.000Air Blank 06:31

0.000Air Blank 06:32

# 2 0.035Subject Sample 06:34

1.359Breath Volume 06:34

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:5906/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

23:37

Hillsborough Co SO

BRIZENDINE,J

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

RODRIGUEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1 0.193Subject Sample 01:04

2.441Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.197Subject Sample 01:07

2.617Breath Volume 01:07

0.000Air Blank 01:08

0.081Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:11:3206/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:41

05:53

Hillsborough Co SO

BURKE,B 253503

01/05/2020

31517080A1

Hillsborough Co SO

SKIPPER,ROGER,G

GUDE

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:08

0.000Air Blank 07:08

0.081Control Test 07:08

0.000Air Blank 07:09

# 1Subject Sample 07:10 Subject Test Refused

0.000Breath Volume 07:10

0.000Air Blank 07:10

0.080Control Test 07:10

0.000Air Blank 07:11

OKDiagnostics Check 07:11

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:2306/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:50

22:24

Hillsborough Co SO

WILKINS,M

01/05/2020

31517080A1

FFWCC (Lakeland)

THOMAS,KAMIKA,L

SWINDAL

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.023Subject Sample 23:12

1.617Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.023Subject Sample 23:15

2.261Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:2906/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:12

Hillsborough Co SO

HILES,S

01/05/2020

31517080A1

Tampa PD

GRANNIS,RONALD,R

MCCOLLUM

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.086Subject Sample 00:52

2.328Breath Volume 00:52

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.089Subject Sample 00:54

2.542Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5606/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

23:40

Hillsborough Co SO

BRIZENDINE,J

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

PAGAN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.081Subject Sample 01:51

2.015Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.071Subject Sample 01:54

1.519Breath Volume 01:54

0.000Air Blank 01:55

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:51:0506/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:24

11:34

Hillsborough Co SO

DOBIE,C 5013

01/05/2020

31517080A1

Macdill Air Force Ba

SKIPPER,ROGER,G

SETTER

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:44

0.000Air Blank 12:44

0.080Control Test 12:45

0.000Air Blank 12:45

# 1 0.334Subject Sample 12:46

2.949Breath Volume 12:46

0.000Air Blank 12:46

0.000Air Blank 12:48

# 2 0.327Subject Sample 12:49

2.343Breath Volume 12:49

0.000Air Blank 12:50

0.080Control Test 12:50

0.000Air Blank 12:51

OKDiagnostics Check 12:51

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4206/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:14

Hillsborough Co SO

GONZALEZ,J

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

HETMAN

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.161Subject Sample 01:47

1.628Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.172Subject Sample 01:51

2.304Breath Volume 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:1406/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:19

Hillsborough Co SO

ANDERSON,C

01/05/2020

31517080A1

FHP Troop C

HOLLAND,CHARLEENE,N

FRANK

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1 0.134Subject Sample 04:05

1.605Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.129Subject Sample 04:08

1.679Breath Volume 04:08

0.000Air Blank 04:09

0.080Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:4106/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:38

Hillsborough Co SO

RODRIGUEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

RODRIGUEZ JR

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.096Subject Sample 04:39

3.691Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.098Subject Sample 04:42

3.609Breath Volume 04:42

0.000Air Blank 04:42

0.080Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:4706/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:04

Hillsborough Co SO

DUNCAN,M

01/05/2020

31517080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

MARTINEZ

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:45

# 1 0.209Subject Sample 22:47

1.292Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:49

# 2 0.198Subject Sample 22:50

1.429Breath Volume 22:50

0.000Air Blank 22:50

0.079Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:3906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:11

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

CARRION VARGAS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:07

0.081Control Test 20:08

0.000Air Blank 20:08

# 1 0.126Subject Sample 20:09

1.507Breath Volume 20:09

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.125Subject Sample 20:12

1.628Breath Volume 20:12

0.000Air Blank 20:12

0.080Control Test 20:13

0.000Air Blank 20:13

OKDiagnostics Check 20:13

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:3106/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:50

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

KRESS

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:50

# 1 0.066Subject Sample 00:50

2.878Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.065Subject Sample 00:53

2.929Breath Volume 00:53

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:4206/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

16:59

Hillsborough Co SO

STAUFFER,S

01/05/2020

31517080A1

Hillsborough Co SO

SNYDER,MELONIE,E

DUBOSE

05/03/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:05

0.080Control Test 18:05

0.000Air Blank 18:06

# 1 0.219Subject Sample 18:06

2.726Breath Volume 18:06

0.000Air Blank 18:07

0.000Air Blank 18:09

# 2 0.217Subject Sample 18:10

2.230Breath Volume 18:10

0.000Air Blank 18:10

0.079Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 06/19/2018 19:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:4206/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:13

Hillsborough Co SO

WOLSTENHOLM,A

01/05/2020

31517080A1

FHP Troop C

GRANNIS,RONALD,R

SANCHEZ

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.080Control Test 04:15

0.000Air Blank 04:16

# 1 0.041Subject Sample 04:17

1.882Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.041Subject Sample 04:20

1.585Breath Volume 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:1906/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:25

Hillsborough Co SO

HALL,L

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

CAMPY

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.080Control Test 00:40

0.000Air Blank 00:40

# 1 0.134Subject Sample 00:41

1.593Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:43

# 2 0.134Subject Sample 00:44

1.250Breath Volume 00:44

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:3706/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:38

Hillsborough Co SO

HONEYGHON,A

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

THOMAS

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1 0.146Subject Sample 00:25

1.855Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.160Subject Sample 00:28

1.789Breath Volume 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2406/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:24

Hillsborough Co SO

BURKE,B

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

GREEN

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

# 1 0.009Subject Sample 01:12

1.367Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.008Subject Sample 01:16

1.492Breath Volume 01:16

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2206/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:48

Hillsborough Co SO

FRANKLIN,R

01/05/2020

31517080A1

Hillsborough Co SO

ARUNDALE,BRITTANY,T

DELVECCHIO

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:38

# 1 0.149Subject Sample 01:38

2.093Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.141Subject Sample 01:41

2.621Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5706/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:21

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

SANDERS

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

# 1 0.154Subject Sample 04:09

1.292Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.159Subject Sample 04:13

1.136Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:4006/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:45

Hillsborough Co SO

THOMAS,J

01/05/2020

31517080A1

Temple Terrace PD

HOLLAND,CHARLEENE,N

CARMONA

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:58

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1 0.199Subject Sample 05:01

2.285Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.195Subject Sample 05:04

1.667Breath Volume 05:04

0.000Air Blank 05:04

0.079Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:0206/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:49

Hillsborough Co SO

BRIZENDINE,J

01/05/2020

31517080A1

Hillsborough Co SO

GRANNIS,RONALD,R

MONAGHAN

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:55

0.079Control Test 23:56

0.000Air Blank 23:56

# 2 0.161Subject Sample 23:57

5.039Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 23:59

# 1 0.166Subject Sample 00:00

5.035Breath Volume 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:02

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4106/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:53

Hillsborough Co SO

SCHILLER,E

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

VATH JR

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.188Subject Sample 00:54

1.968Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.184Subject Sample 00:58

1.734Breath Volume 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5206/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:07

Hillsborough Co SO

GONZALEZ,J

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

BAKER

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.167Subject Sample 03:51

2.621Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.162Subject Sample 03:54

1.765Breath Volume 03:54

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0406/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:44

Hillsborough Co SO

SIERRA,P

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

PINZON

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.081Control Test 03:40

0.000Air Blank 03:40

# 1 0.065Subject Sample 03:41

1.347Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.070Subject Sample 03:44

1.234Breath Volume 03:44

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:46

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:2906/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:16

Hillsborough Co SO

PAYNTER,H

01/05/2020

31517080A1

FHP Troop C

GRANNIS,RONALD,R

HODGE

06/19/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 07/12/2018 19:06

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:5706/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:41

Flagler County SO

LITCHY,DAVID

06/05/2019

09117080A1

Flagler County SO

SMITH,J,G

WEDELL

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:1106/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:13

Flagler County SO

OLIVA,JOSEPH

06/05/2019

09117080A1

Flagler Beach PD

NICOLAS,MITA,

CURRY

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.081Control Test 23:30

0.000Air Blank 23:30

# 1 0.174Subject Sample 23:31

2.843Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.180Subject Sample 23:34

2.753Breath Volume 23:34

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:0006/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:20

Flagler County SO

WEST,JACOB

06/05/2019

09117080A1

Flagler County SO

NICOLAS,MITA,

DEETER

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:0806/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:50

Flagler Beach PD

SCOTT,KAYLA

06/05/2019

09117080A1

Flagler Beach PD

SCOTT,KAYLA,M

MARCIANO

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1 0.103Subject Sample 04:06

1.320Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.102Subject Sample 04:09

1.304Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:08:1106/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:41

14:03

Flagler County SO

KULESKI,JONATHAN

06/05/2019

09117080A1

Flagler County SO

STOGDON,BRAD,M

HARPER

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:02

0.000Air Blank 15:02

0.080Control Test 15:02

0.000Air Blank 15:03

# 1 0.227Subject Sample 15:03

1.757Breath Volume 15:03

0.000Air Blank 15:04

0.000Air Blank 15:06

# 2 0.227Subject Sample 15:06

1.777Breath Volume 15:06

0.000Air Blank 15:07

0.079Control Test 15:07

0.000Air Blank 15:08

OKDiagnostics Check 15:08

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5806/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:23

Flagler County SO

CARTER,BRYAN

06/05/2019

09117080A1

Flagler County SO

SMITH,J,G

FISHER

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:46

# 1Subject Sample 22:48 Subject Test Refused

0.000Breath Volume 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:2506/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:52

Flagler County SO

CHEWNING,AUSTIN

06/05/2019

09117080A1

Flagler County SO

CHEWNING,AUSTIN,M

OREILLY

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:40

# 1Subject Sample 05:41 Subject Test Refused

0.000Breath Volume 05:41

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:5206/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:42

Flagler County SO

OLDHAM,T

06/05/2019

09117080A1

Flagler County SO

GADSON,LAUREN,J

DAETWILER

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.079Control Test 23:39

0.000Air Blank 23:39

# 1 0.255Subject Sample 23:40

2.664Breath Volume 23:40

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.234Subject Sample 23:43

1.863Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:45

# 3 0.252Subject Sample 23:46

2.871Breath Volume 23:46

0.000Air Blank 23:46

0.076Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:0406/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:45

FHP Troop G

MONTGOMERY,KENNETH

06/05/2019

09117080A1

FHP Troop G

MONTGOMERY,KENNETH,R

ESTEVEZ

05/24/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.107Subject Sample 03:22

1.417Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.105Subject Sample 03:25

1.816Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:27

Data Download Date/Time: 06/30/2018 15:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:2906/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:16

Flagler Beach PD

SCOTT,KAYLA

06/05/2019

09117080A1

Flagler Beach PD

SCOTT,KAYLA,M

COOK

06/30/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

Air Blank 20:36 RFI Detect

Air Blank 20:36 RFI Detect

Data Download Date/Time: 07/30/2018 19:15

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0106/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:16

Flagler Beach PD

SCOTT,KAYLA

06/05/2019

09117080A1

Flagler Beach PD

SCOTT,KAYLA,M

COOK

06/30/2018

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.080Control Test 20:39

0.000Air Blank 20:39

# 1 0.205Subject Sample 20:40

1.148Breath Volume 20:40

0.000Air Blank 20:40

0.000Air Blank 20:42

# 2 0.222Subject Sample 20:43

1.746Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 07/30/2018 19:15

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1206/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:15

Boca Raton PD

BISSOON],STEPHEN

01/05/2020

31517080A1

Boca Raton PD

VAN CAMP,JEFFERY,A

SOBRAL DE MACEDO OLI

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.077Control Test 03:00

0.000Air Blank 03:00

# 1Subject Sample 03:00 Subject Test Refused

0.000Breath Volume 03:00

0.000Air Blank 03:01

0.078Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5406/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:13

Boca Raton PD

BISSOON,STEPHEN

01/05/2020

31517080A1

Boca Raton PD

DEEN,ALYIA,S

PLUMP

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.077Control Test 01:55

0.000Air Blank 01:55

# 1 0.238Subject Sample 01:57

2.167Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.190Subject Sample 02:00

1.484Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:03

# 3 0.235Subject Sample 02:04

3.292Breath Volume 02:04

0.000Air Blank 02:04

0.074Control Test 02:05 Control Outside Tolerance

0.000Air Blank 02:05

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:4006/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:09

Boca Raton PD

VANCAMP,JEFFREY

01/05/2020

31517080A1

Boca Raton PD

DEEN,ALYIA,S

CISARIK

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.077Control Test 02:42

0.000Air Blank 02:43

# 1 0.152Subject Sample 02:44

2.480Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.135Subject Sample 02:48

1.386Breath Volume 02:48

0.000Air Blank 02:48

0.078Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:4006/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:15

Boca Raton PD

BISSOON,STEPHEN

01/05/2020

31517080A1

Boca Raton PD

RAFALKO,TRAVIS,K

RAFAILOV

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:58

2.914Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.000Subject Sample 02:01

2.914Breath Volume 02:01

0.000Air Blank 02:01

0.080Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:5806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:00

Boca Raton PD

KADEL,CONNOR

01/05/2020

31517080A1

Boca Raton PD

DEEN,ALYIA,S

CIAMPA

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

# 1Subject Sample 01:05 Subject Test Refused

0.000Breath Volume 01:05

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:2406/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:56

Boca Raton PD

BISSOON,STEPHEN

01/05/2020

31517080A1

Boca Raton PD

RAFALKO,TRAVIS,K

ANDRADE

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:2706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:38

20:32

Boca Raton PD

VAN CAMP,JEFFREY

01/05/2020

31517080A1

Boca Raton PD

RAFALKO,TRAVIS,K

POJOGA

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.078Control Test 21:04

0.000Air Blank 21:04

# 1 0.156Subject Sample 21:05

2.507Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.147Subject Sample 21:08

2.039Breath Volume 21:08

0.000Air Blank 21:09

0.078Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:31

Boca Raton PD

VANCAMP,JEFFREY

01/05/2020

31517080A1

Boca Raton PD

DEEN,ALYIA,S

GHERGOROVICH

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.077Control Test 01:10

0.000Air Blank 01:10

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:4806/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:28

Boca Raton PD

MURPHY,BRITTANIE

01/05/2020

31517080A1

Boca Raton PD

VAN CAMP,JEFERY,A

BAYAN

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:27

# 1 0.206Subject Sample 01:28

1.769Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.212Subject Sample 01:31

1.457Breath Volume 01:31

0.000Air Blank 01:32

0.073Control Test 01:33 Control Outside Tolerance

0.000Air Blank 01:33

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2906/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:50

Boca Raton PD

ALVAREZ,AMANDA

01/05/2020

31517080A1

Boca Raton PD

MURPHY,BRITTANIE,J

ALLEN

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.077Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.077Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1406/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:33

Boca Raton PD

HORNE,A

01/05/2020

31517080A1

Boca Raton PD

REISSI,DAN,J

DESOUZA

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:18

# 1 0.140Subject Sample 04:19

1.359Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.142Subject Sample 04:22

2.613Breath Volume 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2606/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:11

Boca Raton PD

CALHOUN,KEVIN

01/05/2020

31517080A1

Boca Raton PD

FONG,KENNETH,

MANOS

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.078Control Test 00:59

0.000Air Blank 01:00

# 1 0.190Subject Sample 01:01

1.562Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.198Subject Sample 01:04

2.390Breath Volume 01:04

0.000Air Blank 01:05

0.077Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0406/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:28

Boca Raton PD

BISSOON,STEHPHEN

01/05/2020

31517080A1

Boca Raton PD

FONG,KENNETH,

MARTINEZ

05/17/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:24

# 1Subject Sample 01:28 No Sample Provided

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 06/28/2018 07:40

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:1806/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:10

Boca Raton PD

BISSOON,STEPHEN

01/05/2020

31517080A1

Boca Raton PD

RAFALK,TRAVIS,K

LASALA

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.230Subject Sample 02:42

1.847Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.214Subject Sample 02:46

2.691Breath Volume 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 06/28/2018 07:41

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:40

Boca Raton PD

VAN CAMP,JEFFREY

01/05/2020

31517080A1

Boca Raton PD

RAFALKO,TRAVIS,K

MENDOLIA

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 06/28/2018 07:41

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:11:1206/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:45

09:45

Boca Raton PD

PARE,BRIAN

01/05/2020

31517080A1

Boca Raton PD

PARE,BRIAN,S

BAKER

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:05

0.000Air Blank 10:05

0.077Control Test 10:06

0.000Air Blank 10:06

# 1 0.000Subject Sample 10:07

3.437Breath Volume 10:07

0.000Air Blank 10:07

0.000Air Blank 10:09

# 2Subject Sample 10:09 Subject Test Refused

0.000Breath Volume 10:09

0.000Air Blank 10:10

0.076Control Test 10:10

0.000Air Blank 10:11

OKDiagnostics Check 10:11

Data Download Date/Time: 07/27/2018 08:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:22:2506/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:55

09:55

Boca Raton PD

PARE,BRIAN

01/05/2020

31517080A1

Boca Raton PD

PARE,BRIAN,S

DAVENPORT

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:17

0.078Control Test 10:17

0.000Air Blank 10:17

# 1 0.000Subject Sample 10:18

1.632Breath Volume 10:18

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2Subject Sample 10:21 Subject Test Refused

0.000Breath Volume 10:21

0.000Air Blank 10:21

0.077Control Test 10:21

0.000Air Blank 10:22

OKDiagnostics Check 10:22

Data Download Date/Time: 07/27/2018 08:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:33:5006/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

10:00

10:00

Boca Raton PD

PARE,BRIAN

01/05/2020

31517080A1

Boca Raton PD

PARE,BRIAN,S

MCNABB

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:28

0.000Air Blank 10:28

0.076Control Test 10:28

0.000Air Blank 10:29

# 1 0.000Subject Sample 10:29

2.175Breath Volume 10:29

0.000Air Blank 10:30

0.000Air Blank 10:32

# 2Subject Sample 10:32 Subject Test Refused

0.000Breath Volume 10:32

0.000Air Blank 10:32

0.076Control Test 10:33

0.000Air Blank 10:33

OKDiagnostics Check 10:33

Data Download Date/Time: 07/27/2018 08:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:5706/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:38

Boca Raton PD

ALVAREZ,AMANDA

01/05/2020

31517080A1

Boca Raton PD

MURPHY,BRITTANIE,J

LEHOCZKY

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

# 1 0.297Subject Sample 19:40

1.246Breath Volume 19:40

0.000Air Blank 19:41

0.000Air Blank 19:43

# 2 0.233Subject Sample 19:46 Volume Not Met

0.472Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 3 0.287Subject Sample 19:50

1.628Breath Volume 19:50

0.000Air Blank 19:50

0.075Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 07/27/2018 08:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006622CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:1606/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:50

Boca Raton PD

VANCAMP,JEFFERY

01/05/2020

31517080A1

Boca Raton PD

MURPHY,BRITTANIE,J

SCHALLER

06/15/2018

8100.27

BOCA RATON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:29

# 1 0.141Subject Sample 02:29

3.738Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.136Subject Sample 02:32

2.199Breath Volume 02:32

0.000Air Blank 02:33

0.077Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 07/27/2018 08:53

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006630CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5006/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:00

FHP Troop E

GONZALEZ-CORTINA,RAUL

02/21/2020

712031

FHP Troop E

GONZALEZ-CORTINA,RAUL,H

CABRERA DE LEON

06/29/2018

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.240Subject Sample 23:30

1.609Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.248Subject Sample 23:33

1.500Breath Volume 23:33

0.000Air Blank 23:33

0.081Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 08/03/2018 06:18

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:0306/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:38

05:00

Manatee County SO

ROWE,BRANDON

09/19/2020

840875

Manatee County SO

ROWE,BRANDON,D

CARDENAS GONZALEZ

05/21/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:00

0.000Air Blank 09:00

0.079Control Test 09:01

0.000Air Blank 09:01

# 1 0.238Subject Sample 09:02

1.984Breath Volume 09:02

0.000Air Blank 09:03

0.000Air Blank 09:04

# 2 0.236Subject Sample 09:05

2.304Breath Volume 09:05

0.000Air Blank 09:06

0.077Control Test 09:06

0.000Air Blank 09:06

OKDiagnostics Check 09:07

Data Download Date/Time: 06/18/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:1106/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:20

Manatee County SO

ROWE,BRANDON

09/19/2020

840875

Manatee County SO

ROWE,BRANDON,D

CORHOUSE

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:48

# 1 0.302Subject Sample 22:48

1.761Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.319Subject Sample 22:51

1.621Breath Volume 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 08/01/2018 12:11

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006632CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:1406/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

18:13

FHP Troop C

HERNANDEZ,ALAIN

12/01/2019

644476

FHP Troop C

HERNANDEZ,ALAIN,

WRIGHT

05/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.080Control Test 18:26

0.000Air Blank 18:26

# 1Subject Sample 18:29 Subject Test Refused

0.000Breath Volume 18:29

0.000Air Blank 18:30

0.081Control Test 18:30

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 06/25/2018 19:32

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006632CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:1506/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:25

FHP Troop C

SULAIMAN,RAMIN

12/01/2019

644476

FHP Troop C

SULAIMAN,RAMIN,

EVANS

05/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:54

0.000Air Blank 18:55

0.081Control Test 18:55

0.000Air Blank 18:55

# 1 0.081Subject Sample 18:56

2.312Breath Volume 18:56

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.082Subject Sample 18:59

2.218Breath Volume 18:59

0.000Air Blank 19:00

0.081Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 06/25/2018 19:32

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006632CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:0306/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:41

FHP Troop C

PALFY,RACHEL

12/01/2019

644476

FHP Troop C

MEDINA,PHILLIP,A

GUERRERO

05/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.165Subject Sample 00:58

1.312Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.164Subject Sample 01:02

1.464Breath Volume 01:02

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:04

Data Download Date/Time: 06/25/2018 19:32

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006632CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4006/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:53

FHP Troop C

GARTNER,ARTHUR

12/01/2019

644476

FHP Troop C

GARTNER,ARTHUR,F

ALVAREZ-RODRIGUEZ

06/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

# 1 0.147Subject Sample 02:08

1.457Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 2 0.140Subject Sample 02:11

1.363Breath Volume 02:11

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 07/23/2018 16:17

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:4706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:16

FHP Troop F

LEDFORD,TAYLOR

01/11/2019

256835

FHP Troop F

LEDFORD,TAYLOR,M

MORALES VERDUO

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:09 Subject Test Refused

0.000Breath Volume 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:01:2606/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

07:07

FHP Troop F

PAONESSA,DOMINIC

01/11/2019

256835

FHP Troop F

HOOD,BRUCE,R

HOOD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:00

Air Blank 10:01 Improper Sample

Air Blank 10:01 Improper Sample

Data Download Date/Time: 06/18/2018 10:56

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:05:4206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

07:07

FHP Troop F

PAONESSA,DOMINIC

01/11/2019

256835

FHP Troop F

PAONESSA,PAONESSA,V

HOOD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:04

Air Blank 10:05 Ambient Fail

0.000Air Blank 10:05

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:09:2106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

07:07

FHP Troop F

PAONESSA,DOMINIC

01/11/2019

256835

FHP Troop F

PAONESSA,DOMINIC,V

HOOD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:08

Air Blank 10:08 Improper Sample

0.000Air Blank 10:09

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:19:5106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

07:07

FHP Troop F

PAONESSA,DOMINIC

01/11/2019

256835

FHP Troop F

PAONESSA,DOMINIC,V

HOOD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:13

0.000Air Blank 10:14

0.079Control Test 10:14

0.000Air Blank 10:15

# 1 0.153Subject Sample 10:15

1.929Breath Volume 10:15

0.000Air Blank 10:16

0.000Air Blank 10:18

10:18 Improper Sample

0.000Air Blank 10:18

0.078Control Test 10:19

0.000Air Blank 10:19

OKDiagnostics Check 10:19

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:32:0206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:40

07:07

FHP Troop F

PAONESSA,DOMINIC

01/11/2019

256835

FHP Troop F

PAONESSA,DOMINIC,V

HOOD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:22

0.000Air Blank 10:22

0.078Control Test 10:23

0.000Air Blank 10:23

# 1 0.168Subject Sample 10:24

3.609Breath Volume 10:24

0.000Air Blank 10:25

0.000Air Blank 10:26

# 2 0.144Subject Sample 10:27

1.695Breath Volume 10:27

0.000Air Blank 10:28

0.000Air Blank 10:29

# 3 0.161Subject Sample 10:30

3.386Breath Volume 10:30

0.000Air Blank 10:31

0.076Control Test 10:31

0.000Air Blank 10:31

OKDiagnostics Check 10:32

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:3406/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:00

Bradenton PD

REAUME,JASON

01/11/2019

256835

Bradenton PD

PETERSON,RONALD,E

MACGREGOR

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1 0.116Subject Sample 23:07

4.609Breath Volume 23:07

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.116Subject Sample 23:10

4.085Breath Volume 23:10

0.000Air Blank 23:11

0.079Control Test 23:11

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3106/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:33

FHP Troop F

LEDFORD,TAYLOR

01/11/2019

256835

FHP Troop F

LEDFORD,TAYLOR,M

DELGADO MARTINEZ

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.185Subject Sample 04:26

1.308Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.189Subject Sample 04:29

1.843Breath Volume 04:29

0.000Air Blank 04:30

0.077Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1206/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:20

Bradenton PD

DAVIS,DONALD

09/13/2019

572920

Bradenton PD

GWODZ,OFC,R

JOHNSON

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:40

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:32:1906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

04:43

Bradenton PD

GWODZ,OFC

09/13/2019

572920

Bradenton PD

GWODZ,OFC,R

PURTILL

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:29

0.000Air Blank 07:29

0.079Control Test 07:30

0.000Air Blank 07:30

# 1Subject Sample 07:30 Subject Test Refused

0.000Breath Volume 07:30

0.000Air Blank 07:31

0.080Control Test 07:31

0.000Air Blank 07:32

OKDiagnostics Check 07:32

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:1706/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:09

19:37

FFWCC (Lakeland)

GONZALES,AARON

01/11/2019

256835

FFWCC (Lakeland)

GONZALES,AARON,K

TORRES

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

# 1 0.125Subject Sample 21:40

2.601Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.109Subject Sample 21:43

1.414Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3206/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:21

Bradenton PD

VAUGHN,RYAN

01/11/2019

256835

Bradenton PD

VAUGHN,RYAN,C

DAVI

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:5406/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:26

FHP Troop F

1926,RONALD

01/11/2019

256835

FHP Troop F

MELENDEZ-BONILLA,RONALD,

HILL

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:23

# 1 0.165Subject Sample 20:23

2.085Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.155Subject Sample 20:27

1.410Breath Volume 20:27

0.000Air Blank 20:27

0.078Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:1806/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:37

Bradenton PD

PETERSON,RONALD

01/11/2019

256835

Bradenton PD

PETERSON,RONALD,E

MACIEL

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.079Control Test 19:54

0.000Air Blank 19:55

# 1 0.258Subject Sample 19:55

2.960Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:57

# 2 0.269Subject Sample 19:58

3.171Breath Volume 19:58

0.000Air Blank 19:59

0.078Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:4606/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:26

FHP Troop F

LEDFORD,TAYLOR

01/11/2019

256835

FHP Troop F

LEDFORD,TAYLOR,M

DE LA CRUZ  PATRICIO

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:31:5106/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:29

16:53

FFWCC (Lakeland)

GONZALES,AARON

01/11/2019

256835

FFWCC (Lakeland)

GONZALES,AARON,K

EDENFIELD

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.079Control Test 18:26

0.000Air Blank 18:26

# 1 0.054Subject Sample 18:27

3.265Breath Volume 18:27

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.054Subject Sample 18:30

3.867Breath Volume 18:30

0.000Air Blank 18:30

0.078Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:31

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:0306/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:26

FHP Troop F

LEDFORD,TAYLOR

01/11/2019

256835

FHP Troop F

LEDFORD,TAYLOR,M

HUAPILLA TELLEZ

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:30

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

# 1Subject Sample 20:31 Subject Test Refused

0.000Breath Volume 20:31

0.000Air Blank 20:32

0.079Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:33

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:5906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:24

19:16

FFWCC (Lakeland)

DALTON,JASON

01/11/2019

256835

FFWCC (Lakeland)

GONZALES,AARON,K

BOUDROT

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.079Control Test 20:56

0.000Air Blank 20:56

# 1 0.152Subject Sample 20:57

2.910Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 20:59

# 2 0.147Subject Sample 21:00

2.515Breath Volume 21:00

0.000Air Blank 21:01

0.078Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 06/18/2018 10:56

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:2606/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:00

17:13

FFWCC (Lakeland)

DALTON,JASON

01/11/2019

256835

FFWCC (Lakeland)

GONZALES,AARON,K

CASHMEN

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.079Control Test 18:22

0.000Air Blank 18:23

# 1 0.106Subject Sample 18:23

3.832Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.104Subject Sample 18:26

3.652Breath Volume 18:26

0.000Air Blank 18:27

0.079Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 07/24/2018 09:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:1606/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

02:58

Bradenton PD

WELDON JR,WILLIAM

01/11/2019

256835

Bradenton PD

MULLIGAN,WILLIAM,B

MIMBS

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:22 Subject Test Refused

0.000Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:24

OKDiagnostics Check 04:24

Data Download Date/Time: 07/24/2018 09:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:2606/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:13

04:30

Bradenton PD

BURCHETT,JASON

01/11/2019

256835

Bradenton PD

MULLIGAN,WILLIAM,B

RODHOUSE

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:36

# 1Subject Sample 05:37 Subject Test Refused

0.000Breath Volume 05:37

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 07/24/2018 09:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:0706/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:43

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

MATEO GUERRERO

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.078Control Test 03:11

0.000Air Blank 03:12

# 1 0.139Subject Sample 03:12

1.765Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.126Subject Sample 03:15

1.402Breath Volume 03:15

0.000Air Blank 03:16

0.076Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:1806/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:27

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

DE LA ROSA BRAND

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.078Control Test 22:00

0.000Air Blank 22:01

# 1 0.180Subject Sample 22:03

1.464Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:05

# 2 0.180Subject Sample 22:06

2.000Breath Volume 22:06

0.000Air Blank 22:07

0.076Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4906/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:31

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

ZAVALA VAZQUEZ

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.078Control Test 03:07

0.000Air Blank 03:07

# 1 0.197Subject Sample 03:08

2.015Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.202Subject Sample 03:12

1.703Breath Volume 03:12

0.000Air Blank 03:12

0.074Control Test 03:13 Control Outside Tolerance

0.000Air Blank 03:13

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0506/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

23:00

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

AZEVEDO

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.078Control Test 23:33

0.000Air Blank 23:33

# 1 0.000Subject Sample 23:33

3.363Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.000Subject Sample 23:36

3.207Breath Volume 23:36

0.000Air Blank 23:37

0.076Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3306/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:08

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

MEDINA

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.079Control Test 00:47

0.000Air Blank 00:47

# 1 0.168Subject Sample 00:48

2.191Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.162Subject Sample 00:50

2.027Breath Volume 00:50

0.000Air Blank 00:51

0.077Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:2806/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

04:04

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

CHARLERY

05/25/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.078Control Test 04:37

0.000Air Blank 04:38

# 1Subject Sample 04:41 No Sample Provided

0.000Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.151Subject Sample 04:44

1.316Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 3 0.149Subject Sample 04:47

1.410Breath Volume 04:47

0.000Air Blank 04:48

0.075Control Test 04:48 RFI Detect

0.000Air Blank 04:49

Data Download Date/Time: 06/27/2018 16:02

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:2406/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:28

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

BROOKS

06/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.078Control Test 00:06

0.000Air Blank 00:06

# 1 0.121Subject Sample 00:08

1.117Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.112Subject Sample 00:13

1.238Breath Volume 00:13

0.000Air Blank 00:14

0.075Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 07/31/2018 17:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1706/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:40

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

ALLEN

06/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.077Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:24 No Sample Provided

0.000Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 07/31/2018 17:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:4206/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

03:05

FHP Troop D

AZEVEDO,FABIO

10/05/2019

22817080A5

FHP Troop D

AZEVEDO,FABIO,B

MACDONALD

06/27/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:37

0.000Air Blank 03:37

# 1 0.164Subject Sample 03:38

1.550Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.178Subject Sample 03:41

2.933Breath Volume 03:41

0.000Air Blank 03:42

0.075Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 07/31/2018 17:45

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0106/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:10

FHP Troop F

AMARAL,WILKER

01/11/2019

256835

FHP Troop F

AMARAL,WILKER,D

CASEY

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:28

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3506/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:37

FHP Troop F

SANDS,BRIAN

01/11/2019

256835

Bradenton PD

AMARAL,WILKER,D

RORICK

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.109Subject Sample 03:39

1.542Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.105Subject Sample 03:43

1.308Breath Volume 03:43

0.000Air Blank 03:43

0.078Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1006/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

02:50

FHP Troop F

BOWEN,RYAN

01/11/2019

256835

FHP Troop F

BOWEN,RYAN,S

SMITH

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.217Subject Sample 04:28

2.441Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:30

# 2 0.223Subject Sample 04:31

1.621Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:23:1406/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

10:43

Manatee County SO

SAVAGLIO,JAMES

01/11/2019

256835

Manatee County SO

SAVAGLIO,JAMES,J

MARTIN

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:16

0.000Air Blank 12:17

0.080Control Test 12:17

0.000Air Blank 12:17

# 1 0.214Subject Sample 12:18

2.785Breath Volume 12:18

0.000Air Blank 12:19

0.000Air Blank 12:21

# 2 0.218Subject Sample 12:21

2.386Breath Volume 12:21

0.000Air Blank 12:22

0.078Control Test 12:22

0.000Air Blank 12:23

OKDiagnostics Check 12:23

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:4506/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:03

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

JOHNSON

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

# 1 0.245Subject Sample 22:09

1.324Breath Volume 22:09

0.000Air Blank 22:10

0.000Air Blank 22:11

# 2 0.227Subject Sample 22:12

1.746Breath Volume 22:12

0.000Air Blank 22:13

0.076Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:3606/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:06

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

WILLIAMS NAGEL

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.127Subject Sample 04:28 Volume Not Met

0.246Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.138Subject Sample 04:33

1.843Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 3 0.135Subject Sample 04:36

1.125Breath Volume 04:36

0.000Air Blank 04:37

0.078Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:0206/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:41

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

MATIANO

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.080Control Test 20:40

0.000Air Blank 20:41

# 1Subject Sample 20:41 Subject Test Refused

0.000Breath Volume 20:41

0.000Air Blank 20:42

0.080Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:43

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:5306/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:37

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

MARTIN

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

# 1 0.115Subject Sample 01:31

2.664Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:33

# 2 0.113Subject Sample 01:34

2.636Breath Volume 01:34

0.000Air Blank 01:34

0.078Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:4206/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:34

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

RICHARDSON

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.079Control Test 20:36

0.000Air Blank 20:37

# 1 0.174Subject Sample 20:38

1.531Breath Volume 20:38

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.168Subject Sample 20:43

1.593Breath Volume 20:43

0.000Air Blank 20:43

0.077Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:44

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:2006/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

21:13

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

BASCUNAN III

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.080Control Test 22:51

0.000Air Blank 22:51

# 1Subject Sample 22:51 Subject Test Refused

0.000Breath Volume 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5406/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:46

Manatee County SO

ROWE,BRANDON

01/11/2019

256835

Manatee County SO

ROWE,BRANDON,D

VASQUEZ IGLESIAS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:44

# 1 0.236Subject Sample 02:45

1.570Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.237Subject Sample 02:48

1.429Breath Volume 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:5806/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:52

13:59

Manatee County SO

SPURLOCK,ROBERT

01/11/2019

256835

Manatee County SO

SPURLOCK,ROBERT,V

SHIVER

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:14

0.000Air Blank 15:15

0.081Control Test 15:15

0.000Air Blank 15:15

# 1 0.000Subject Sample 15:16

3.351Breath Volume 15:16

0.000Air Blank 15:17

0.000Air Blank 15:19

# 2 0.000Subject Sample 15:19

3.378Breath Volume 15:19

0.000Air Blank 15:20

0.079Control Test 15:20

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:5506/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:53

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

BENTON

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:46

# 1 0.161Subject Sample 00:47

2.257Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.159Subject Sample 00:50

2.046Breath Volume 00:50

0.000Air Blank 00:50

0.077Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:5606/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:28

Manatee County SO

ROWE,BRANDON

01/11/2019

256835

Manatee County SO

ROWE,BRANDON,D

MICHEL

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.191Subject Sample 02:37

1.609Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.192Subject Sample 02:40

1.429Breath Volume 02:40

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5306/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:56

FHP Troop F

LEGGETT,JARED

01/11/2019

256835

Manatee County SO

AMARAL,WILKER,D

SMITH

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.000Subject Sample 23:29

1.671Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.000Subject Sample 23:32

1.832Breath Volume 23:32

0.000Air Blank 23:32

0.080Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3906/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:07

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

HUERTA CARRION

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.081Control Test 21:53

0.000Air Blank 21:53

# 1 0.109Subject Sample 21:54

3.226Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.107Subject Sample 21:57

1.984Breath Volume 21:57

0.000Air Blank 21:57

0.077Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5606/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:18

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

ADAMS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.080Control Test 23:29

0.000Air Blank 23:29

# 1 0.050Subject Sample 23:32 Volume Not Met

0.062Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.045Subject Sample 23:35

1.113Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:38

# 3 0.040Subject Sample 23:41 Volume Not Met

0.253Breath Volume 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0106/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:18

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

ADAMS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

# 1 0.045Subject Sample 23:47

1.500Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2Subject Sample 23:52 No Sample Provided

0.000Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 3Subject Sample 23:58 No Sample Provided

0.000Breath Volume 23:58

0.000Air Blank 23:59

0.080Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 00:00

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3606/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

22:18

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

ADAMS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:17

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

# 1 0.030Subject Sample 00:19

1.132Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.026Subject Sample 00:25 Volume Not Met

0.925Breath Volume 00:25

0.000Air Blank 00:26

0.000Air Blank 00:28

# 3 0.026Subject Sample 00:29

1.792Breath Volume 00:29

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:0206/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:30

Manatee County SO

ROWE,BRANDON

01/11/2019

256835

Manatee County SO

ROWE,BRANDON,D

SILVESTRE DEJESUS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1Subject Sample 22:35 No Sample Provided

0.000Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:37

# 2Subject Sample 22:38 Subject Test Refused

0.000Breath Volume 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:40

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:3206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:00

Palmetto PD

VANHORN,MIKE

01/11/2019

256835

Holmes Beach PD

URUCHIMA,ANGEL,R

BURNS

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.216Subject Sample 03:27

1.246Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:29

# 2 0.277Subject Sample 03:30

3.097Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 3 0.273Subject Sample 03:33

4.390Breath Volume 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:3206/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:40

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

BRONKALA

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:37

# 1 0.150Subject Sample 05:39

1.738Breath Volume 05:39

0.000Air Blank 05:40

0.000Air Blank 05:41

# 2 0.149Subject Sample 05:45 Volume Not Met

0.855Breath Volume 05:45

0.000Air Blank 05:45

0.000Air Blank 05:47

# 3 0.157Subject Sample 05:50 Volume Not Met

0.339Breath Volume 05:50

0.000Air Blank 05:51

0.078Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:2006/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:02

04:40

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

BRONKALA

05/22/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:53

0.000Air Blank 05:54

0.077Control Test 05:54

0.000Air Blank 05:55

# 1 0.148Subject Sample 05:58 Volume Not Met

0.628Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:00

# 2Subject Sample 06:00 Subject Test Refused

0.000Breath Volume 06:00

0.000Air Blank 06:01

0.076Control Test 06:01

0.000Air Blank 06:02

OKDiagnostics Check 06:02

Data Download Date/Time: 06/18/2018 10:58

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:0806/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:28

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

BROWN JR

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:17

1.621Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.000Subject Sample 23:20

2.402Breath Volume 23:20

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4006/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:24

FHP Troop F

WATSON,DANIEL

01/11/2019

256835

FHP Troop F

WATSON,DANIEL,L

TEST

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3906/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:47

Manatee County SO

MONTEMAGNO,CARLO

01/11/2019

256835

Manatee County SO

MONTEMAGNO,CARLO,C

BURKHEAD

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1Subject Sample 04:06 Subject Test Refused

0.000Breath Volume 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:2606/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:18

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

LARIOS TORRES

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

# 1 0.000Subject Sample 20:11

1.132Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.000Subject Sample 20:14

1.636Breath Volume 20:14

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:4306/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

20:11

FHP Troop F

WATSON,DANIEL

01/11/2019

256835

FHP Troop F

WATSON,DANIEL,L

FIGUEROA

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

# 1Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:55

0.079Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5306/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:39

Manatee County SO

VANOVER,ANDREW

01/11/2019

256835

Manatee County SO

VANOVER,ANDREW,P

WHALEY

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1Subject Sample 01:58 Subject Test Refused

0.000Breath Volume 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5506/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:20

Manatee County SO

LEGGETT,JARED

01/11/2019

256835

Manatee County SO

LEGGETT,JARED,T

TAPIA

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

# 1 0.115Subject Sample 03:26

2.019Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.113Subject Sample 03:30

2.292Breath Volume 03:30

Air Blank 03:30 RFI Detect

Air Blank 03:30 RFI Detect

Data Download Date/Time: 07/24/2018 09:37

12 September 2018

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:2006/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:20

Manatee County SO

LEGGETT,JARED

01/11/2019

256835

Manatee County SO

LEGGETT,JARED,T

TAPIA

06/18/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:37

0.000Air Blank 03:37

# 1 0.112Subject Sample 03:37

2.242Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.113Subject Sample 03:40

1.988Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 07/24/2018 09:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:2806/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:56

FHP Troop F

LEDFORD,TAYLOR

11/11/2018

123456789

FHP Troop F

LEDFORD,TAYLOR,M

BAILEY

05/21/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1Subject Sample 00:24 Subject Test Refused

0.000Breath Volume 00:24

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 07/23/2018 12:15

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2106/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

21:06

FHP Troop F

LEDFORD,TAYLOR

11/11/2018

123456789

FHP Troop F

LEDFORD,TAYLOR,M

BRADY

05/21/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.081Control Test 21:17

0.000Air Blank 21:18

# 1 0.126Subject Sample 21:18

2.019Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.128Subject Sample 21:21

1.367Breath Volume 21:21

0.000Air Blank 21:22

0.081Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 07/23/2018 12:16

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:51

FHP Troop L

TODD,ZION

04/27/2021

915310

FHP Troop L

TODD,ZION,D

MORALES

05/08/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

# 1 0.223Subject Sample 02:31

3.246Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.222Subject Sample 02:34

3.132Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

Air Blank 02:35 RFI Detect

0.000Air Blank 02:35

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:3106/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:51

FHP Troop L

TODD,ZION

04/27/2021

915310

FHP Troop L

TODD,ZION,D

MORALES

05/08/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.224Subject Sample 02:39

3.308Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.220Subject Sample 02:42

3.039Breath Volume 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1306/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:00

FHP Troop L

TODD,ZION

04/27/2021

915310

FHP Troop L

TODD,ZION,D

ALCALA

06/07/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.229Subject Sample 01:00

3.906Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.221Subject Sample 01:03

4.000Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3806/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

12:51

FHP Troop L

CANTELAR,JOAN

04/27/2021

915310

FHP Troop L

TODD,ZION,D

BURGOS GOMEZ

06/07/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

# 1 0.192Subject Sample 01:55

1.777Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:57

# 2 0.204Subject Sample 01:59

2.585Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:4906/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:35

FHP Troop L

TODD,ZION

04/27/2021

915310

FHP Troop L

TODD,ZION,D

SANTOS

06/07/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

# 1 0.122Subject Sample 05:16

2.156Breath Volume 05:16

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.117Subject Sample 05:19

1.843Breath Volume 05:19

0.000Air Blank 05:19

0.079Control Test 05:20

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:2006/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:35

FHP Troop L

TODD,ZION

04/27/2021

915310

FHP Troop L

TODD,ZION,D

MORALES DOMINGO

06/07/2018

8100.27

FHP TROOP L

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:02

0.080Control Test 06:02

0.000Air Blank 06:03

# 1 0.216Subject Sample 06:04

2.593Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.212Subject Sample 06:07

1.722Breath Volume 06:07

0.000Air Blank 06:08

0.078Control Test 06:08

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 06/12/2018 17:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4306/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

21:28

FHP Troop G

BRIGGS,J

09/19/2020

840875

St. John's County SO

MONTGOMERY,K,R

SHACKLEFORD

05/10/2018

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

# 1 0.053Subject Sample 21:34

1.941Breath Volume 21:34

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.053Subject Sample 21:38

1.968Breath Volume 21:38

0.000Air Blank 21:38

0.077Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 06/07/2018 19:59

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5706/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:40

FHP Troop G

MONTGOMERY,KENNETH

09/19/2020

840875

FHP Troop G

MONTGOMERY,KENNETH,R

MCDOWELL

05/10/2018

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

# 1 0.097Subject Sample 02:52

1.417Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.105Subject Sample 02:55

2.136Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 06/07/2018 19:59

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:4806/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:42

FHP Troop G

MONTGOMERY,KENNETH

09/19/2020

840875

FHP Troop G

MONTGOMERY,KENNETH,R

PENAVARGAS

05/10/2018

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:51

# 1Subject Sample 23:52 RFI Detect

0.894Breath Volume 23:52

0.000Air Blank 23:52

0.078Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 06/07/2018 19:59

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3906/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:42

FHP Troop G

MONTGOMERY,KENNETH

09/19/2020

840875

FHP Troop G

MONTGOMERY,KENNETH,R

PENAVARGAS

05/10/2018

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.077Control Test 23:56

0.000Air Blank 23:56

# 2 0.188Subject Sample 23:59

1.812Breath Volume 23:59

0.000Air Blank 00:00

0.000Air Blank 00:02

# 1 0.184Subject Sample 00:03

1.597Breath Volume 00:03

0.000Air Blank 00:03

0.077Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 06/07/2018 19:59

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:5506/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:38

St. John's County SO

ROSS,RAYMOND

09/19/2020

840875

St. John's County SO

HANNON,KURT,E

ALEXA

06/07/2018

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.217Subject Sample 01:22

3.566Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.224Subject Sample 01:26

2.500Breath Volume 01:26

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 07/18/2018 18:50

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:0306/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:27

05:58

Broward County SO

ROJAS,RANDY

06/14/2020

796576

OTHER State

TILLMAN,SHEILA,L

JERNIGAN

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:54

0.080Control Test 06:54

0.000Air Blank 06:54

# 1 0.140Subject Sample 06:55

3.968Breath Volume 06:55

0.000Air Blank 06:56

0.000Air Blank 06:57

# 2 0.137Subject Sample 06:58

3.347Breath Volume 06:58

0.000Air Blank 06:59

0.079Control Test 06:59

0.000Air Blank 06:59

OKDiagnostics Check 07:00

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:1106/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

14:20

Broward County SO

BERGER,MICHAEL

06/14/2020

796576

Pembroke Pines PD

HARNANDAN,INDROWTIE,

ROSALES AYALA

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:25

0.000Air Blank 16:25

0.078Control Test 16:26

0.000Air Blank 16:26

# 1 0.187Subject Sample 16:28

1.253Breath Volume 16:28

0.000Air Blank 16:29

0.000Air Blank 16:30

# 2 0.188Subject Sample 16:31

1.375Breath Volume 16:31

0.000Air Blank 16:32

0.078Control Test 16:32

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:1506/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:07

Broward County SO

SAPP,JOSHUA

06/14/2020

796576

Broward County SO

FRAZIER,ANAYA,S

MARRERO

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.207Subject Sample 00:58

1.746Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.202Subject Sample 01:02

1.156Breath Volume 01:02

0.000Air Blank 01:03

0.077Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:29

Broward County SO

HENNESSY,JONATHAN

06/14/2020

796576

Sunrise PD

GRAY,SANDRA,

PEREZ

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:22

# 1 0.155Subject Sample 01:22

1.937Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.147Subject Sample 01:25

2.046Breath Volume 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2406/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:57

Broward County SO

SERPHOS,STEVEN

06/14/2020

796576

Broward County SO

MEDINA,MARMILLY,

BERRY

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 3Subject Sample 23:57 No Sample Provided

0.000Breath Volume 23:57

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.256Subject Sample 00:00

1.652Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.240Subject Sample 00:04

2.160Breath Volume 00:04

0.000Air Blank 00:05

0.078Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:2406/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:52

Broward County SO

STRZALKOWSKI,SEAN

06/14/2020

796576

Broward County SO

FRAZIER,ANAYA,S

RECKWEG

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

# 1 0.171Subject Sample 01:43

1.851Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.173Subject Sample 01:46

2.652Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3606/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:28

Broward County SO

SERPHOS,STEVEN

06/14/2020

796576

Broward County SO

MEDINA,MARMILLY,

KIRK

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

# 1 0.187Subject Sample 04:13

1.441Breath Volume 04:13

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.191Subject Sample 04:17

2.246Breath Volume 04:17

0.000Air Blank 04:17

0.079Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5806/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

02:45

Broward County SO

DERIET,RAFAEL

06/14/2020

796576

Hollywood PD

FRAZIER,ANAYA,S

IRIARTE

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.078Control Test 04:23

0.000Air Blank 04:23

# 1 0.144Subject Sample 04:24

3.003Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.137Subject Sample 04:27

2.390Breath Volume 04:27

0.000Air Blank 04:28

0.077Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0506/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:36

Broward County SO

STRZALKOWSKI,SEAN

06/14/2020

796576

Broward County SO

FRAZIER,ANAYA,S

PAULINO

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1 0.205Subject Sample 02:23

1.757Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:25

# 2 0.209Subject Sample 02:28

2.144Breath Volume 02:28

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:4706/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:57

Broward County SO

STRZALKOWSKI,SEAN

06/14/2020

796576

Broward County SO

TILLMAN,SHEILA,L

PICKETT

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1 0.146Subject Sample 23:40

2.035Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.143Subject Sample 23:43

1.460Breath Volume 23:43

0.000Air Blank 23:43

0.078Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:48:3406/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:31

Broward County SO

HOLLOWAY,DEVARIOUS

06/14/2020

796576

Miramar PD

GRAY,SANDRA,

GUTIERREZ

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:40

0.000Air Blank 06:40

0.081Control Test 06:41

0.000Air Blank 06:41

# 1 0.000Subject Sample 06:43

1.687Breath Volume 06:43

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.000Subject Sample 06:47

1.210Breath Volume 06:47

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:48

OKDiagnostics Check 06:48

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:3106/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:55

Broward County SO

SAPP,JOSHUA

06/14/2020

796576

Broward County SO

TILLMAN,SHEILA,L

VALENTINE

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:58

# 1 0.166Subject Sample 22:59

1.496Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.158Subject Sample 23:02

1.687Breath Volume 23:02

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:0806/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:15

Broward County SO

FITHIAN,JAY

06/14/2020

796576

Fort Lauderdale PD

GRAY,SANDRA,

GRADY

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.079Control Test 00:14

0.000Air Blank 00:14

# 1 0.223Subject Sample 00:15

2.253Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:17

# 2 0.213Subject Sample 00:19

2.210Breath Volume 00:19

0.000Air Blank 00:20

0.077Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1906/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:06

Broward County SO

RAZI,UMAIR

06/14/2020

796576

Pembroke Pines PD

FRAZIER,ANAYA,S

LOCUST

06/21/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.109Subject Sample 02:04 Volume Not Met

0.234Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.126Subject Sample 02:08

1.246Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:10

# 3 0.129Subject Sample 02:11

1.996Breath Volume 02:11

0.000Air Blank 02:12

0.078Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 07/13/2018 11:37

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:4006/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:17

Ft. Walton Beach PD

WOLL,MICHAEL

08/05/2018

17316080A2

Ft. Walton Beach PD

WOLL,MICHAEL,

YOUNG

05/31/2018

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.159Subject Sample 01:21

1.382Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.165Subject Sample 01:24

2.589Breath Volume 01:24

0.000Air Blank 01:24

0.079Control Test 01:25

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/03/2018 05:21

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5706/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

21:59

Ft. Walton Beach PD

SITERS,MAREIKE

08/05/2018

17316080A2

Ft. Walton Beach PD

STALLS,KENDRA,R

LEE

05/31/2018

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.078Control Test 22:59

0.000Air Blank 23:00

# 1Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 07/01/2018 19:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2106/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:33

Ft. Walton Beach PD

JAMES,TERENCE

08/05/2018

17316080A2

Ft. Walton Beach PD

STALLS,KENDRA,R

PROKOSCH

05/31/2018

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.079Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:15 Subject Test Refused

0.000Breath Volume 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 07/01/2018 19:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:19:5206/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:52

10:23

Ft. Walton Beach PD

ROSENBURG,DUSTIN

08/05/2018

17316080A2

Ft. Walton Beach PD

ROSENBURG,DUSTIN,L

TUCKER

05/31/2018

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:12

0.000Air Blank 11:13

0.079Control Test 11:13

0.000Air Blank 11:14

# 1 0.276Subject Sample 11:14

1.847Breath Volume 11:14

0.000Air Blank 11:15

0.000Air Blank 11:17

# 2 0.270Subject Sample 11:18

1.738Breath Volume 11:18

0.000Air Blank 11:18

0.077Control Test 11:19

0.000Air Blank 11:19

OKDiagnostics Check 11:19

Data Download Date/Time: 07/01/2018 19:24

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0806/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:10

Collier County SO

ROWLEY,C

09/05/2019

19817080A1

Collier County SO

NATSON,ANDRAE,M

BRICENO

06/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.202Subject Sample 03:52

1.738Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:54

# 2 0.206Subject Sample 03:55

2.925Breath Volume 03:55

0.000Air Blank 03:56

0.079Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 07/02/2018 15:13

12 September 2018Printed:

COBRA ©1997-2014 CMI, Inc.


