
80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:5009/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:09

Key West PD

TELLIER,JEREMY

01/31/2020

686331

Key West PD

HUDSON,ANDREW,J

ALDANA VILLEDA

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:04

0.000Air Blank 22:04

# 1 0.146Subject Sample 22:05

1.414Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.142Subject Sample 22:09

1.949Breath Volume 22:09

0.000Air Blank 22:09

0.078Control Test 22:10

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4609/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:48

Key West PD

HUDSON,ANDREW

01/31/2020

686331

Key West PD

HUDSON,ANDREW,J

STILLWELL

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.066Subject Sample 02:44

1.738Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.069Subject Sample 02:47

3.148Breath Volume 02:47

0.000Air Blank 02:47

0.078Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:4809/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:07

Key West PD

DONOVAN,KATHLEEN

10/05/2020

823252

Monroe County SO

KEOHANE,KUNIKO,

BEEMAN

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.078Control Test 05:55

0.000Air Blank 05:56

# 1 0.048Subject Sample 05:57

1.343Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.050Subject Sample 06:00

1.472Breath Volume 06:00

0.000Air Blank 06:00

0.079Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:15:2209/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

10:35

Key West PD

KEOHANE,KUNIKO

10/05/2020

823252

Key West PD

KEOHANE,KUNIKO,

MARTIN

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:14

Air Blank 11:14 RFI Detect

0.000Air Blank 11:15

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:20:3109/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

10:35

Key West PD

KEOHANE,KUNIKO

10/05/2020

823252

Key West PD

KEOHANE,KUNIKO,

MARTIN

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:17

0.000Air Blank 11:18

0.079Control Test 11:18

0.000Air Blank 11:19

# 1Subject Sample 11:19 Subject Test Refused

0.000Breath Volume 11:19

0.000Air Blank 11:19

0.079Control Test 11:19

0.000Air Blank 11:20

OKDiagnostics Check 11:20

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:5309/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:05

Monroe County SO

LANE,JONATHAN

10/05/2020

823252

Monroe County SO

STEELE,SHAWN,S

HALLENBECK

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:02

# 1Subject Sample 20:02 Subject Test Refused

0.000Breath Volume 20:02

0.000Air Blank 20:02

0.080Control Test 20:03

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 10/04/2018 13:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:0209/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

20:53

Monroe County SO

DONAVON,KATHLEEN

10/05/2020

823252

Monroe County SO

MARTIN-REYES,JUAN,C

OCHOA

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

# 1Subject Sample 22:31 RFI Detect

0.000Breath Volume 22:31

0.000Air Blank 22:32

0.079Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:33

Data Download Date/Time: 10/04/2018 13:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:4509/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

20:53

Monroe County SO

DONAVON,KATHLEEN

10/05/2020

823252

Monroe County SO

MARTIN-REYES,JUAN,C

OCHOA

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.079Control Test 22:38

0.000Air Blank 22:38

# 1 0.182Subject Sample 22:41

1.339Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.188Subject Sample 22:45

2.113Breath Volume 22:45

0.000Air Blank 22:45

0.077Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 10/04/2018 13:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4709/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:58

Key West PD

HUDSON,ANDREW

01/31/2020

686331

Key West PD

HUDSON,ANDREW,J

ALAYON

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:37

0.000Air Blank 00:37

# 1Subject Sample 00:40 Subject Test Refused

0.000Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 10/04/2018 13:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2509/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

22:11

FHP Troop E

WILLIAMS,DAVID

10/05/2020

823252

FHP Troop E

WILLIAMS,DAVID,R

WALKER

08/02/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.081Control Test 22:42

0.000Air Blank 22:42

# 1 0.190Subject Sample 22:44

1.523Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:46

# 2Subject Sample 22:47 RFI Detect

0.000Breath Volume 22:47

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 09/06/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:1709/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

20:11

FHP Troop E

WILLIAMS,DAVID

10/05/2020

823252

FHP Troop E

WILLIAMS,DAVID,R

WALKER

08/02/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.081Control Test 23:09

0.000Air Blank 23:10

# 1 0.167Subject Sample 23:10

1.675Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.156Subject Sample 23:13

1.363Breath Volume 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 09/06/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:10:2709/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

04:39

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

LONES,SHAUN',G

TRALKA

08/02/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.082Control Test 06:02

0.000Air Blank 06:02

# 1 0.214Subject Sample 06:04

2.980Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:06

# 2 0.202Subject Sample 06:08

1.898Breath Volume 06:08

0.000Air Blank 06:09

0.082Control Test 06:09

0.000Air Blank 06:10

OKDiagnostics Check 06:10

Data Download Date/Time: 09/06/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:5309/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:19

04:48

Monroe County SO

CHLEBANOWSKI,RYAN

10/05/2020

823252

Monroe County SO

CHLEBANOWSKI,RYAN,P

JONES

08/02/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:43

0.000Air Blank 07:43

0.083Control Test 07:43

0.000Air Blank 07:44

# 1Subject Sample 07:44 Subject Test Refused

0.000Breath Volume 07:44

0.000Air Blank 07:44

0.082Control Test 07:45

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 09/06/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5609/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

04:15

Monroe County SO

SWOGGER,EDWARD

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

GENCO

08/02/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.082Control Test 04:46

0.000Air Blank 04:46

# 1 0.161Subject Sample 04:47

2.660Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:49

# 2 0.155Subject Sample 04:50

2.359Breath Volume 04:50

0.000Air Blank 04:51

0.082Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 09/06/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1409/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:55

Monroe County SO

LONES,SHAUN

10/05/2020

823252

Monroe County SO

LONES,SHAUN,G

ERWEE

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.081Control Test 19:36

0.000Air Blank 19:37

# 1 0.165Subject Sample 19:37

2.843Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.163Subject Sample 19:40

2.933Breath Volume 19:40

0.000Air Blank 19:41

0.082Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:2109/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

20:32

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

PETERSON

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.083Control Test 20:58

0.000Air Blank 20:59

# 1 0.150Subject Sample 20:59

1.460Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.146Subject Sample 21:02

1.425Breath Volume 21:02

0.000Air Blank 21:03

0.083Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2909/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:30

Monroe County SO

SWOGGER,EDWARD

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

JOHNSTON

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.082Control Test 01:11

0.000Air Blank 01:11

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:12

0.082Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:51:1109/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:24

15:04

Monroe County SO

WESTERBAND,FRANK

10/05/2020

823252

Monroe County SO

KEITH,JASON,T

BROWN

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:45

0.082Control Test 15:45

0.000Air Blank 15:46

# 1 0.247Subject Sample 15:46

1.906Breath Volume 15:46

0.000Air Blank 15:47

0.000Air Blank 15:49

# 2 0.228Subject Sample 15:49

1.644Breath Volume 15:49

0.000Air Blank 15:50

0.082Control Test 15:50

0.000Air Blank 15:51

OKDiagnostics Check 15:51

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:4409/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:39

Monroe County SO

LOPEZ,ANTHONY

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

WRIGHT

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.083Control Test 05:04

0.000Air Blank 05:05

# 1Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.082Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:5209/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:50

Monroe County SO

HRADECKY,C

10/05/2020

823252

Monroe County SO

HAGER,JAMES,P

PHILLIPS

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:37

# 1 0.285Subject Sample 21:37

1.417Breath Volume 21:37

0.000Air Blank 21:38

0.000Air Blank 21:39

# 2 0.288Subject Sample 21:40

1.789Breath Volume 21:40

0.000Air Blank 21:40

0.082Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:3109/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:37

Monroe County SO

MARTIN-REYES,JUAN

10/05/2020

823252

Monroe County SO

MARTIN-REYES,JUAN,C

LONDON

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.081Control Test 18:26

0.000Air Blank 18:27

# 1Subject Sample 18:27 Subject Test Refused

0.000Breath Volume 18:27

0.000Air Blank 18:27

0.081Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3909/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:18

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HAGER,JAMES,P

CHAVEZ

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.082Control Test 21:51

0.000Air Blank 21:52

# 1 0.143Subject Sample 21:52

2.351Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2Subject Sample 21:57 Sequence Aborted

0.000Breath Volume 21:57

0.000Air Blank 21:57

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:13:1009/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:46

09:25

Monroe County SO

HERNANDEZ,LANCE

10/05/2020

823252

Monroe County SO

WHITEMAN,NICHOLIS,J

MONTENEGRO

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:06

0.000Air Blank 10:06

0.082Control Test 10:07

0.000Air Blank 10:07

# 1 0.212Subject Sample 10:08

1.230Breath Volume 10:08

0.000Air Blank 10:09

0.000Air Blank 10:10

# 2 0.206Subject Sample 10:11

1.925Breath Volume 10:11

0.000Air Blank 10:12

0.080Control Test 10:12

0.000Air Blank 10:13

OKDiagnostics Check 10:13

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:37:1009/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

13:17

FHP Troop E

REINOSO,PEDRO

10/05/2020

823252

FHP Troop E

REINOSO,PEDRO,

MARQUEZ LARA

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:36

0.000Air Blank 13:36

13:37 RFI Detect

Air Blank 13:37 RFI Detect

Data Download Date/Time: 09/05/2018 15:28

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:56:5409/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:17

FHP Troop E

REINOSO,PEDRO

10/05/2020

823252

FHP Troop E

REINOSO,PEDRO,

MARQUEZ LARA

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 13:55

0.000Air Blank 13:55

0.081Control Test 13:56

Air Blank 13:56 RFI Detect

0.000Air Blank 13:56

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:00:4309/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:17

Collier County SO

REINOSO,PEDRO

10/05/2020

823252

FHP Troop E

REINOSO,PEDRO,

MARQUEZ LARA

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 13:59

0.000Air Blank 13:59

0.081Control Test 14:00

Air Blank 14:00 RFI Detect

0.000Air Blank 14:00

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:05:0509/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:17

FHP Troop E

REINOSO,PEDRO

10/05/2020

823252

FHP Troop E

REINOSO,PEDRO,

MARQUEZ LARA

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:02

0.000Air Blank 14:03

0.081Control Test 14:03

0.000Air Blank 14:03

# 1Subject Sample 14:04 RFI Detect

0.000Breath Volume 14:04

Air Blank 14:04 RFI Detect

0.000Air Blank 14:05

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:13:4609/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:25

13:17

FHP Troop E

REINOSO,PEDRO

10/05/2020

823252

FHP Troop E

REINOSO,PEDRO,

MARQUEZ

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:07

0.000Air Blank 14:07

0.081Control Test 14:08

0.000Air Blank 14:08

# 1 0.184Subject Sample 14:09

1.539Breath Volume 14:09

0.000Air Blank 14:09

0.000Air Blank 14:11

# 2 0.181Subject Sample 14:12

2.140Breath Volume 14:12

0.000Air Blank 14:12

0.079Control Test 14:13

0.000Air Blank 14:13

OKDiagnostics Check 14:13

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0309/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

18:40

FFWCC (West Palm)

CONRAD,JOEL

10/05/2020

823252

FFWCC (West Palm)

MOBLEY,BRITTANY,R

DORTA

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.081Control Test 20:07

0.000Air Blank 20:07

# 1 0.137Subject Sample 20:08

1.949Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2Subject Sample 20:11 Subject Test Refused

0.000Breath Volume 20:11

0.000Air Blank 20:12

0.079Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:13

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:46:4109/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:13

FFWCC (West Palm)

PETRU,MIROS

10/05/2020

823252

FFWCC (West Palm)

MOBLEY,BRITTANY,R

POU

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

# 1Subject Sample 20:45 Subject Test Refused

0.000Breath Volume 20:45

0.000Air Blank 20:45

0.080Control Test 20:46

0.000Air Blank 20:46

OKDiagnostics Check 20:46

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:0309/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:00

FFWCC (West Palm)

GARCIA,NOEL

10/05/2020

823252

FFWCC (West Palm)

MATTSON,CHRIS,J

DE ARMAS MONTERO

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:38

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:10:1609/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:43

12:15

FFWCC (West Palm)

TAFOYA,THOMAS

10/05/2020

823252

FFWCC (West Palm)

MATTSON,CHRIS,J

SWEENEY

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:04

0.000Air Blank 13:04

0.081Control Test 13:04

0.000Air Blank 13:05

# 1 0.000Subject Sample 13:05

1.597Breath Volume 13:05

0.000Air Blank 13:06

0.000Air Blank 13:08

# 2 0.000Subject Sample 13:08

2.070Breath Volume 13:08

0.000Air Blank 13:09

0.081Control Test 13:09

0.000Air Blank 13:10

OKDiagnostics Check 13:10

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:1009/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:46

Monroe County SO

LONES,SHAUN

10/05/2020

823252

Monroe County SO

LONES,SHAUN,G

MARSTON

08/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.082Control Test 22:26

0.000Air Blank 22:26

# 1Subject Sample 22:26 Subject Test Refused

0.000Breath Volume 22:26

0.000Air Blank 22:27

0.082Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 09/05/2018 15:28

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:5809/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:29

Monroe County SO

TORRES,JOEL

10/05/2020

823252

Monroe County SO

LONES,SHAUN,G

CAMPAU

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.081Control Test 21:25

0.000Air Blank 21:26

# 1 0.131Subject Sample 21:29 Volume Not Met

0.246Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.134Subject Sample 21:33

1.218Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:35

# 3 0.129Subject Sample 21:38

1.222Breath Volume 21:38

0.000Air Blank 21:39

0.080Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 10/03/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:1809/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:22

FHP Troop E

TORRES,JOEL

10/05/2020

823252

Monroe County SO

WILLIAMS,DAVID,R

PETRUCELLI

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:04

# 1 0.119Subject Sample 22:05

1.820Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.119Subject Sample 22:08

1.707Breath Volume 22:08

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 10/03/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:08:4309/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:22

Monroe County SO

HERNANDEZ,JOSE

10/05/2020

823252

Monroe County SO

WOOLF,GERALD,R

WOOLF

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.083Control Test 21:02

0.000Air Blank 21:03

# 1 0.022Subject Sample 21:04

1.597Breath Volume 21:04

0.000Air Blank 21:04

0.000Air Blank 21:06

# 2 0.022Subject Sample 21:07

3.734Breath Volume 21:07

0.000Air Blank 21:07

0.082Control Test 21:08

0.000Air Blank 21:08

OKDiagnostics Check 21:08

Data Download Date/Time: 10/03/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:2209/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:14

15:49

Monroe County SO

KILMURRAY,CHRISTOPHER

10/05/2020

823252

Monroe County SO

KILMURRAY,CHRISTOPHER,P

WOOLINGTON

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.081Control Test 16:36

0.000Air Blank 16:36

# 1 0.256Subject Sample 16:37

2.132Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.252Subject Sample 16:40

1.527Breath Volume 16:40

0.000Air Blank 16:41

0.080Control Test 16:41

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 10/03/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:5709/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:12

Monroe County SO

MEAD,DEVIN

10/05/2020

823252

Monroe County SO

LONES,SHAUN,G

O'STEEN

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.082Control Test 01:51

0.000Air Blank 01:51

# 1 0.240Subject Sample 01:53

2.437Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.230Subject Sample 01:56

1.859Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 10/03/2018 14:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:4609/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:22

Monroe County SO

RIOS,JOEL

10/05/2020

823252

Monroe County SO

HAGER,JAMES,P

ALVAREZ

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.082Control Test 23:01

0.000Air Blank 23:01

# 1 0.107Subject Sample 23:02

3.246Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.103Subject Sample 23:06

2.183Breath Volume 23:06

0.000Air Blank 23:06

0.081Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 10/03/2018 14:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0609/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:35

Miami Beach PD

PAIGE,LEON

11/21/2019

1789170

Miami Beach PD

PAIGE,LEON,I

FIGUEROA

08/29/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.077Control Test 00:06

0.000Air Blank 00:07

# 1Subject Sample 00:07 Subject Test Refused

0.000Breath Volume 00:07

0.000Air Blank 00:08

0.078Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 09/30/2018 21:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5109/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:00

Miami-Dade PD

PRIETO,ANDRES

02/05/2020

34917080A4

Miami-Dade PD

ADAMS,STEVEN,L

PENA-SALSO

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

# 1Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.079Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:2609/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:45

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

NELSON

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:24

0.000Air Blank 06:24

0.081Control Test 06:24

0.000Air Blank 06:25

# 1 0.126Subject Sample 06:25

1.738Breath Volume 06:25

0.000Air Blank 06:26

0.000Air Blank 06:28

# 2 0.131Subject Sample 06:28

1.769Breath Volume 06:28

0.000Air Blank 06:29

0.079Control Test 06:29

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3209/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

23:00

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

OTERO

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.080Control Test 23:38

0.000Air Blank 23:38

# 1 0.201Subject Sample 23:39

1.812Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.212Subject Sample 23:42

1.292Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4709/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

01:00

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

LEWIS

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:18

# 1 0.098Subject Sample 01:19

2.617Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.094Subject Sample 01:22

2.386Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0009/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:40

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

PELAEZ

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.213Subject Sample 00:58

2.550Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.212Subject Sample 01:01

1.234Breath Volume 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:03

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:2009/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:10

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

GARZA

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.081Control Test 20:48

0.000Air Blank 20:48

# 1Subject Sample 20:48 Subject Test Refused

0.000Breath Volume 20:48

0.000Air Blank 20:49

0.080Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:1109/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:31

OTHER Local

HODGES,TITUS

02/05/2020

34917080A4

OTHER Local

HODGES,TITUS,R

LEVY

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

# 1 0.127Subject Sample 01:33

1.191Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.128Subject Sample 01:38 Volume Not Met

0.613Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 3 0.116Subject Sample 01:44 Volume Not Met

0.820Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2609/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:31

OTHER Local

HODGES,TITUS

02/05/2020

34917080A4

OTHER Local

HODGES,TITUS,R

LEVY

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.116Subject Sample 01:52 Volume Not Met

0.035Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.120Subject Sample 01:57

1.515Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 3Subject Sample 02:01 Subject Test Refused

0.636Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:27:5509/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:50

08:20

OTHER Local

JOHNSON,BYRON

02/05/2020

34917080A4

OTHER Local

PAOLELLA,PARICK,R

VAZQUEZ

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:25

0.079Control Test 09:25

0.000Air Blank 09:26

# 1Subject Sample 09:26 Subject Test Refused

0.000Breath Volume 09:26

0.000Air Blank 09:27

0.079Control Test 09:27

0.000Air Blank 09:27

OKDiagnostics Check 09:27

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:3709/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:54

05:28

OTHER Local

BLANCO,BRYAN

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

ROBLINS

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:18

0.000Air Blank 06:19

0.079Control Test 06:19

0.000Air Blank 06:20

# 1Subject Sample 06:20 Subject Test Refused

0.000Breath Volume 06:20

0.000Air Blank 06:20

0.078Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2309/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:35

Miami Shores PD

ROIG,DAWN

02/05/2020

34917080A4

Miami Shores PD

ROIG,DAWN,M

DIAZ

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1Subject Sample 04:29 No Sample Provided

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2Subject Sample 04:34 No Sample Provided

0.000Breath Volume 04:34

0.000Air Blank 04:35

0.080Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:1609/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:35

Miami Shores PD

ROIG,DAWN

02/05/2020

34917080A4

Miami Shores PD

ROIG,DAWN,M

DIAZ

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1Subject Sample 04:44 No Sample Provided

0.000Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2Subject Sample 04:49 No Sample Provided

0.000Breath Volume 04:49

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0109/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:35

Miami Shores PD

ROIG,DAWN

02/05/2020

34917080A4

Miami Shores PD

ROIG,DAWN,M

DIAZ

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0509/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:25

Bay Harbor Island PD

GUADALUPE,MARCOS

02/05/2020

34917080A4

Bay Harbor Island PD

MUNSCHY,PATRICK,R

AWAD SOTO

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.000Subject Sample 03:51

3.976Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.000Subject Sample 03:54

3.355Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:56

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1209/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:30

Aventura PD

BELTREZ,LEOS

02/05/2020

34917080A4

Sunny Isles Beach PD

CURTIS,WILLIAM,C

GARBER

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1Subject Sample 03:25 No Sample Provided

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2Subject Sample 03:30 No Sample Provided

0.000Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1909/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:40

Aventura PD

BESTARD,BRANDON

02/05/2020

34917080A4

Sunny Isles Beach PD

CURTIS,WILLIAM,C

MEDINA

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.077Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:24 No Sample Provided

0.000Breath Volume 03:24

0.000Air Blank 03:25

Air Blank 03:26 RFI Detect

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:2909/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:40

Aventura PD

BESTARD,BRANDON

02/05/2020

34917080A4

Sunny Isles Beach PD

CURTIS,WILLIAM,C

MEDINA

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

# 1Subject Sample 03:34 No Sample Provided

0.000Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2Subject Sample 03:40 No Sample Provided

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:2009/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

CEDRE

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

Air Blank 23:24 Improper Sample

0.000Air Blank 23:25

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:5409/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

CEDRE

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.233Subject Sample 23:29

2.593Breath Volume 23:29

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.225Subject Sample 23:32

1.933Breath Volume 23:32

0.000Air Blank 23:32

0.077Control Test 23:33

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0809/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

STARIKOV

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.079Control Test 02:20

0.000Air Blank 02:20

# 1Subject Sample 02:23 No Sample Provided

0.000Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.208Subject Sample 02:29 Volume Not Met

0.253Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:3809/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

STANIKOV

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:57

# 1 0.157Subject Sample 03:00 Volume Not Met

0.726Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.177Subject Sample 03:05

1.132Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 3 0.158Subject Sample 03:10 Slope Not Level

1.343Breath Volume 03:10

0.000Air Blank 03:11

0.073Control Test 03:12 Control Outside Tolerance

0.000Air Blank 03:12

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:4609/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

STANIKOV

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.074Control Test 03:18 Control Outside Tolerance

0.000Air Blank 03:18

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2409/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:45

Sunny Isles Beach PD

KONETZ,JONATHAN

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

STANIKOV

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

# 1 0.178Subject Sample 03:25

1.910Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.181Subject Sample 03:28

1.425Breath Volume 03:28

0.000Air Blank 03:29

0.076Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0909/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:07

OTHER Local

GEBBIA,SALVATORE

09/05/2018

20016080A2

OTHER Local

HODGES,TITUS,R

KOESTERER

08/16/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

# 1 0.206Subject Sample 03:37

1.433Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.181Subject Sample 03:43 Slope Not Level

1.550Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 3 0.191Subject Sample 03:46

1.789Breath Volume 03:46

0.000Air Blank 03:47

0.076Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 09/05/2018 09:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:0609/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:47

Miami-Dade PD

BONILLA,JOSE

02/05/2020

34917080A4

Miami-Dade PD

BONILLA,JOSE,I

FERREIRA

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

Air Blank 23:45 RFI Detect

0.000Air Blank 23:46

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1109/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:47

Miami-Dade PD

BONILLA,JOSE

02/05/2020

34917080A4

Miami-Dade PD

BONILLA,JOSE,I

FERREIRA

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

# 1 0.216Subject Sample 23:50

2.867Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 2 0.189Subject Sample 23:53

2.566Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 3 0.216Subject Sample 23:56

3.382Breath Volume 23:56

0.000Air Blank 23:57

0.075Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:2709/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:26

Miami-Dade PD

CLOSIUS,RICHARD

02/05/2020

34917080A4

Miami-Dade PD

CLOSIUS,RICHARD,L

HENRY

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:22

# 1Subject Sample 21:23 Subject Test Refused

0.000Breath Volume 21:23

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2009/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:55

20:57

Miami-Dade PD

GOMEZ,REUBEN

02/05/2020

34917080A4

FFWCC (West Palm)

CLOSIUS,RICHARD,L

MAURA-PEREZ

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.078Control Test 22:15

0.000Air Blank 22:16

# 1Subject Sample 22:16 Subject Test Refused

0.000Breath Volume 22:16

0.000Air Blank 22:17

0.079Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4009/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:44

Miami-Dade PD

SLIMAK,M

02/05/2020

34917080A4

Miami-Dade PD

TAPANES,R,

VOLPATTI PRAVIA

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:37 No Sample Provided

0.000Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.161Subject Sample 01:42

1.601Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 3 0.145Subject Sample 01:46

1.203Breath Volume 01:46

0.000Air Blank 01:46

0.078Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1909/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:00

Miami-Dade PD

DELGADO,MIGUEL

09/05/2018

20016080A2

Miami-Dade PD

DELGADO,MIGUEL,R

DAVIS

08/16/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.186Subject Sample 03:36

1.488Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.140Subject Sample 03:41 Volume Not Met

0.117Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 3 0.195Subject Sample 03:45

3.078Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 09/06/2018 10:43

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:4609/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

17:19

Miami-Dade PD

RAMIREZ,DANIL

09/05/2018

20016080A2

Miami-Dade PD

RAMIREZ,DANIL,

PERALTA

08/16/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.079Control Test 18:52

0.000Air Blank 18:52

# 1 0.318Subject Sample 18:53

2.406Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:55

# 2 0.318Subject Sample 18:57

2.335Breath Volume 18:57

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 09/06/2018 10:43

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5809/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

22:19

Miami-Dade PD

MARTINEZ,JOHANNA

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

VALDIVIA BOUZA

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.182Subject Sample 01:03

1.468Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.175Subject Sample 01:06

1.667Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4409/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:36

Miami-Dade PD

VARGAS,D

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

DELABAT

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.079Control Test 04:21

0.000Air Blank 04:21

# 1 0.135Subject Sample 04:22

1.417Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.137Subject Sample 04:25

1.718Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:4509/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:11

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

GURDIAN

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:52

# 1 0.265Subject Sample 04:55 Volume Not Met

1.085Breath Volume 04:55

Air Blank 04:55 Purge Fail

Air Blank 04:56 Purge Fail

Data Download Date/Time: 10/26/2018 10:18

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:5809/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:11

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

GURDIAN

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.077Control Test 05:00

0.000Air Blank 05:00

# 1 0.267Subject Sample 05:01

1.179Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:03

# 2 0.263Subject Sample 05:04

1.187Breath Volume 05:04

0.000Air Blank 05:05

0.078Control Test 05:05

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:4409/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:34

Miami-Dade PD

LAWSON,GLADSTON

02/05/2020

34917080A4

Miami-Dade PD

LAWSON,GLADSTON,

LENCE

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.077Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.078Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0609/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:42

Miami-Dade PD

ALVAREZ,YESENIA

02/05/2020

34917080A4

Miami-Dade PD

SUAREZ,CARLOS,A

VALENTIN

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3709/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:10

Miami-Dade PD

PLASENCIA,BERNARD

02/05/2020

34917080A4

Miami-Dade PD

SUAREZ,CARLOS,A

CRUZ DEL OLMO

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:55:3009/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

15:03

North Miami Beach PD

AZEVEDO,M

07/05/2019

12317080A3

North Miami Beach PD

ANDERSON,S,J

CARPENTER

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:45

0.000Air Blank 15:45

0.079Control Test 15:45

0.000Air Blank 15:46

# 1Subject Sample 15:49 No Sample Provided

0.000Breath Volume 15:49

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2Subject Sample 15:54 Subject Test Refused

0.000Breath Volume 15:54

0.000Air Blank 15:54

0.079Control Test 15:54

0.000Air Blank 15:55

OKDiagnostics Check 15:55

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3809/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:32

North Miami Beach PD

MENDEZ,MICHAEL

07/05/2019

12317080A3

North Miami Beach PD

CABRERA,INGRID,

ALMANZA

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.077Control Test 01:04

0.000Air Blank 01:05

# 1 0.189Subject Sample 01:08 Volume Not Met

0.000Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.199Subject Sample 01:13 Volume Not Met

0.089Breath Volume 01:13

0.000Air Blank 01:14

0.074Control Test 01:15 Control Outside Tolerance

0.000Air Blank 01:15

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:2709/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:10

North Miami Beach PD

AZEVEDO,MIKE

07/05/2019

12317080A3

North Miami Beach PD

AZEVEDO,MIKE,C

YEARWOOD

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:57

0.000Air Blank 19:57

0.078Control Test 19:57

0.000Air Blank 19:58

# 1Subject Sample 20:01 No Sample Provided

0.000Breath Volume 20:01

0.000Air Blank 20:01

0.000Air Blank 20:03

# 2Subject Sample 20:07 No Sample Provided

0.000Breath Volume 20:07

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:08:5309/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:39

06:39

North Miami Beach PD

CABRERA,INGRID

07/05/2019

12317080A3

North Miami Beach PD

CABRERA,INGRID,

H236780882131

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:59

0.000Air Blank 07:00

0.078Control Test 07:00

0.000Air Blank 07:00

# 1 0.263Subject Sample 07:03

1.503Breath Volume 07:03

0.000Air Blank 07:04

0.000Air Blank 07:06

# 2 0.266Subject Sample 07:07

1.562Breath Volume 07:07

0.000Air Blank 07:07

0.074Control Test 07:08 Control Outside Tolerance

0.000Air Blank 07:08

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:2409/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:45

North Miami Beach PD

OSTROV,VANESSA

07/05/2019

12317080A3

North Miami Beach PD

CABRERA,INGRID,

DROBENTSOV

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.078Control Test 05:09

0.000Air Blank 05:09

# 1Subject Sample 05:10 Subject Test Refused

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.078Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:4509/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:13

02:06

North Miami Beach PD

OSTROV,VANESSA

07/05/2019

12317080A3

North Miami Beach PD

AJO,MICHAEL,D

MORA CEBALLOS

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.078Control Test 02:35

0.000Air Blank 02:36

# 1Subject Sample 02:36 Subject Test Refused

0.000Breath Volume 02:36

0.000Air Blank 02:36

0.077Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:15:0809/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:47

07:42

North Miami Beach PD

VILLANUEVA,MAURICIO

07/05/2019

12317080A3

North Miami Beach PD

AZEVEDO,MIKE,C

MORALES

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:07

0.000Air Blank 08:08

0.078Control Test 08:08

0.000Air Blank 08:09

# 1 0.173Subject Sample 08:10

1.449Breath Volume 08:10

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.166Subject Sample 08:13

1.449Breath Volume 08:13

0.000Air Blank 08:14

0.077Control Test 08:14

0.000Air Blank 08:15

OKDiagnostics Check 08:15

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:3709/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:26

Aventura PD

OLIVARES,ANDRES

07/05/2019

12317080A3

North Miami Beach PD

VARGHESE,JIBY,

ARIAS BOLIVAR

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.078Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:11

0.079Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:0509/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:29

North Miami Beach PD

OSTROV,VANESSA

07/05/2019

12317080A3

North Miami Beach PD

AJO,MICHAEL,D

SAINTIL

08/29/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.078Control Test 03:53

0.000Air Blank 03:53

# 1 0.137Subject Sample 03:55

2.554Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:57

# 2 0.130Subject Sample 03:58

2.250Breath Volume 03:58

0.000Air Blank 03:59

0.076Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 04:00

Data Download Date/Time: 09/30/2018 18:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000887CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:2409/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:06

21:17

Chattahoochee PD

GOODWIN,NANETTE

09/05/2018

19615080A4

Chattahoochee PD

GOODWIN,NANETTE,M

PITTMAN

08/22/2018

8100.27

CHATTAHOOCHEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.077Control Test 22:27

Air Blank 22:27 Improper Sample

0.000Air Blank 22:28

Data Download Date/Time: 09/14/2018 17:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000887CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0709/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:17

Chattahoochee PD

GOODWIN,NANETTE

06/07/2021

19615080A4

Chattahoochee PD

GOODWIN,NANETTE,M

PITTMAN

08/22/2018

8100.27

CHATTAHOOCHEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.000Control Test 22:34 Control Outside Tolerance

0.000Air Blank 22:35

Data Download Date/Time: 09/14/2018 17:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000887CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2509/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:17

Chattahoochee PD

GOODWIN,NANETTE

09/05/2017

19615080A4

Chattahoochee PD

GOODWIN,NANETTE,M

PITTMAN

08/22/2018

8100.27

CHATTAHOOCHEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

# 1 0.181Subject Sample 22:49

1.351Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.171Subject Sample 22:52

1.214Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 09/14/2018 17:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:4109/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:00

16:57

Okaloosa County SO

CORBITT,KYLE

08/04/2019

507129

Okaloosa County SO

WAGNER,ROBERT,A

ROGERS

08/28/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:32

0.000Air Blank 17:32

0.078Control Test 17:33

0.000Air Blank 17:33

# 1 0.253Subject Sample 17:34

3.398Breath Volume 17:34

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.258Subject Sample 17:37

3.328Breath Volume 17:37

0.000Air Blank 17:37

0.080Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 09/13/2018 18:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:1409/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:53

18:53

FFWCC (Panama City)

WAGNER,ROBERT

08/04/2019

507129

Okaloosa County SO

WILKENSON,WILLIAM,T

WENLUND

08/28/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.081Control Test 19:28

0.000Air Blank 19:28

# 1 0.140Subject Sample 19:29

1.203Breath Volume 19:29

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.140Subject Sample 19:32

1.957Breath Volume 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 09/13/2018 18:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:0309/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:20

17:18

Okaloosa County SO

CORBITT,KYLE

08/04/2019

507129

Okaloosa County SO

CORBITT,KYLE,L

SANTIAGO

08/28/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:09

0.000Air Blank 18:09

0.078Control Test 18:10

0.000Air Blank 18:10

# 1 0.143Subject Sample 18:11

3.027Breath Volume 18:11

0.000Air Blank 18:12

0.000Air Blank 18:13

# 2 0.140Subject Sample 18:14

3.585Breath Volume 18:14

0.000Air Blank 18:15

0.078Control Test 18:15

0.000Air Blank 18:15

OKDiagnostics Check 18:16

Data Download Date/Time: 09/13/2018 18:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:2409/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:18

17:18

Okaloosa County SO

WAGNER,ROBERT

08/04/2019

507129

Okaloosa County SO

CORBITT,KYLE,L

LEKITES

08/28/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:22

# 1Subject Sample 18:23 Subject Test Refused

0.000Breath Volume 18:23

0.000Air Blank 18:23

0.081Control Test 18:23

0.000Air Blank 18:24

OKDiagnostics Check 18:24

Data Download Date/Time: 09/13/2018 18:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:2809/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:56

16:56

Okaloosa County SO

CULBERSON,DARYL

08/04/2019

507129

Okaloosa County SO

CORBITT,KYLE,L

SHARPE

08/28/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:27

0.080Control Test 17:27

0.000Air Blank 17:27

# 1Subject Sample 17:28 Subject Test Refused

0.000Breath Volume 17:28

0.000Air Blank 17:28

0.080Control Test 17:28

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 09/13/2018 18:22

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:3309/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:16

05:24

FHP Troop F

JAMES,WILLIAM

06/29/2019

477627

Naval Lab Pana City

WATSON,DANIEL,L

FOWLKES

09/13/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:00

0.000Air Blank 06:00

0.080Control Test 06:01

0.000Air Blank 06:01

# 1 0.234Subject Sample 06:03

1.132Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.245Subject Sample 06:06

1.617Breath Volume 06:06

0.000Air Blank 06:07

0.077Control Test 06:07

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 10/27/2018 10:43

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:1709/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:46

20:43

FFWCC (Panama City)

BASFORD,TRAVIS

06/29/2019

477627

FFWCC (Panama City)

BASFORD,TRAVIS,L

HALL

09/13/2018

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.080Control Test 21:07

0.000Air Blank 21:08

# 1 0.078Subject Sample 21:08

3.148Breath Volume 21:08

0.000Air Blank 21:09

0.000Air Blank 21:11

# 2 0.075Subject Sample 21:11

4.605Breath Volume 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 10/27/2018 10:43

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000902CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:2509/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:20

16:10

FFWCC (Lakeland)

MARTINEZ,ALEX

08/05/2020

13518080A5

FFWCC (Lakeland)

WILKINS,MALACHI,C

MATHEWS

08/16/2018

8100.27

FFWCC TAMPA

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.078Control Test 16:46

0.000Air Blank 16:47

# 1 0.000Subject Sample 16:49

2.101Breath Volume 16:49

0.000Air Blank 16:49

0.000Air Blank 16:51

# 2 0.000Subject Sample 16:52

2.804Breath Volume 16:52

0.000Air Blank 16:52

0.079Control Test 16:52

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 09/17/2018 20:45

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000904CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:03:4309/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:27

15:08

FFWCC (West Palm)

THOMPSON,WILLIAM

12/30/2019

666491

Bay County SO

MOBLEY,BRITTANY,R

NETTLETON

08/20/2018

8100.27

FFWCC SOUTH REGION

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:00

0.000Air Blank 16:00

0.082Control Test 16:01

0.000Air Blank 16:01

# 1Subject Sample 16:02 Subject Test Refused

0.000Breath Volume 16:02

0.000Air Blank 16:02

0.082Control Test 16:03

0.000Air Blank 16:03

OKDiagnostics Check 16:03

Data Download Date/Time: 09/26/2018 21:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000904CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:2309/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:46

FFWCC (West Palm)

CHESNEY,KYLE

12/30/2019

666491

FFWCC (West Palm)

MOBLEY,BRITTANY,R

CONNELL

08/20/2018

8100.27

FFWCC SOUTH REGION

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.082Control Test 18:21

0.000Air Blank 18:21

# 1Subject Sample 18:22 Subject Test Refused

0.000Breath Volume 18:22

0.000Air Blank 18:22

0.082Control Test 18:22

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 09/26/2018 21:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000904CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:0709/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:46

FFWCC (West Palm)

CHESNEY,KYLE

12/30/2019

666491

FFWCC (West Palm)

MOBLEY,BRITTANY,R

CONNELL

08/20/2018

8100.27

FFWCC SOUTH REGION

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:30

0.082Control Test 18:30

0.000Air Blank 18:31

# 1Subject Sample 18:31 Subject Test Refused

0.000Breath Volume 18:31

0.000Air Blank 18:32

0.081Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 09/26/2018 21:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000906CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:5509/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

12:52

FFWCC (West Palm)

GROENDYK,REBECCA

12/30/2019

666491

Collier County SO

KLEIS,KEVIN,W

KREILICH

09/03/2018

8100.27

FISH & WILDLIFE CC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:06

0.000Air Blank 15:07

0.079Control Test 15:07

0.000Air Blank 15:07

# 1 0.000Subject Sample 15:08

2.105Breath Volume 15:08

0.000Air Blank 15:08

0.000Air Blank 15:10

# 2 0.000Subject Sample 15:11

1.726Breath Volume 15:11

0.000Air Blank 15:12

0.081Control Test 15:12

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 10/02/2018 11:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000908CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1409/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:52

18:52

FFWCC (Panama City)

WEBB,HAL

09/05/2018

20016080A3

FFWCC (Panama City)

WEBB,MATT,

KOLMETZ

08/21/2018

8100.27

PORT ST JOE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:36

0.000Air Blank 19:36

0.080Control Test 19:36

0.000Air Blank 19:37

# 1 0.216Subject Sample 19:37

4.441Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.212Subject Sample 19:40

4.640Breath Volume 19:40

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 09/07/2018 09:26

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5809/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:09

Village of Pinecrest

CRUZ,EDISON

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,B

TORRES

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.033Subject Sample 01:31

1.851Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.033Subject Sample 01:35

3.703Breath Volume 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:0709/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:15

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2017

24515080A3

Village of Pinecrest

ABRAMSON,SHELBY,L

LOPEZ

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.078Control Test 01:40

0.000Air Blank 01:40

# 1 0.007Subject Sample 01:41

1.824Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.000Subject Sample 01:44

1.574Breath Volume 01:44

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:0709/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:15

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2017

24515080A3

Village of Pinecrest

ABRAMSON,SHELBY,L

LOPEZ

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

# 1 0.000Subject Sample 01:51

1.578Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.000Subject Sample 01:54

1.941Breath Volume 01:54

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0609/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:38

Village of Pinecrest

MORENO,FRANCISCO

10/05/2017

24515080A3

Miami-Dade PD

ABRAMSON,SHELBY,L

MAZARIEGOS

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:36

# 1 0.117Subject Sample 02:37

1.546Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.112Subject Sample 02:40

1.964Breath Volume 02:40

0.000Air Blank 02:41

0.078Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0209/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:23

Village of Pinecrest

BARRIGA,JUAN

10/05/2019

24515080A3

Village of Pinecrest

BARRIGA,JUAN,C

RODRIGUEZ MONTERO

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.079Control Test 06:10

0.000Air Blank 06:11

# 1Subject Sample 06:11 Subject Test Refused

0.000Breath Volume 06:11

0.000Air Blank 06:12

0.079Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:13

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5109/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:49

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2017

24515080A3

Village of Pinecrest

ABRAMSON,SHELBY,L

RUBIO

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.078Control Test 04:25

0.000Air Blank 04:25

# 1 0.181Subject Sample 04:26

1.906Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.175Subject Sample 04:29

1.812Breath Volume 04:29

0.000Air Blank 04:29

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5409/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

04:04

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2017

24515080A3

Village of Pinecrest

ABRAMSON,SHELBY,L

MOOR

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:39

# 1Subject Sample 04:42 No Sample Provided

0.000Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:45

# 2 0.180Subject Sample 04:48 Volume Not Met

1.085Breath Volume 04:48

0.000Air Blank 04:48

0.081Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:1109/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

04:04

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2017

24515080A3

Village of Pinecrest

ABRAMSON,SHELBY,L

MOOR

08/16/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.079Control Test 04:52

0.000Air Blank 04:53

# 1 0.171Subject Sample 04:56

1.589Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.169Subject Sample 05:00

2.468Breath Volume 05:00

0.000Air Blank 05:01

0.075Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 09/10/2018 10:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5509/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

20:48

FHP Troop F

KENNEDY,JACOB

06/05/2020

10818080A4

FHP Troop F

KENNEDY,JACOB,M

WASHBURN

08/01/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

# 1Subject Sample 00:35 Subject Test Refused

0.000Breath Volume 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 09/05/2018 09:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0909/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:16

Lee County SO

SCHILKE,CARL

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

GONZALES

08/01/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.095Subject Sample 03:13

2.410Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.089Subject Sample 03:16

2.632Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 09/05/2018 09:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3509/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:18

Lee County SO

BROWN,EARTHEN

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

VITITOE

08/01/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

# 1 0.196Subject Sample 03:23

1.503Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.195Subject Sample 03:26

1.343Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 09/05/2018 09:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3609/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:39

Lee County SO

GOULD,LEONARD

06/05/2020

10818080A4

Lee County SO

GOULD,LEONARD,

BARTOLOME NICOLAS

08/01/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:41

0.000Air Blank 01:41

# 1 0.127Subject Sample 01:41

1.312Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.129Subject Sample 01:44

1.808Breath Volume 01:44

0.000Air Blank 01:45

0.080Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 09/05/2018 09:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0309/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:45

Lee County SO

HIDEG,J

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

BETLEY

08/01/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1 0.131Subject Sample 03:11

2.460Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.126Subject Sample 03:14

2.617Breath Volume 03:14

0.000Air Blank 03:15

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 09/05/2018 09:49

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5309/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:54

FHP Troop F

SMYRNIOS,MANUEL

06/05/2020

10818080A4

FHP Troop F

SMYRNIOS,MANUEL,J

CALDERON

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:16

# 1 0.068Subject Sample 22:17

3.046Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:19

# 2 0.070Subject Sample 22:20

3.339Breath Volume 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:4609/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:42

Lee County SO

DUNCAN,N

06/05/2020

10818080A4

Lee County SO

DUNCAN,N,

JUDD

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:49

0.000Air Blank 00:49

# 1 0.162Subject Sample 00:50

2.527Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.158Subject Sample 00:53

1.617Breath Volume 00:53

0.000Air Blank 00:53

0.080Control Test 00:54

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2709/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:39

Fort Myers PD

VAZQUEZ,ROBIN

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

NICOLAS MARCOS

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

# 1 0.179Subject Sample 02:40

2.261Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.212Subject Sample 02:43

4.390Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.211Subject Sample 02:46

3.726Breath Volume 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:5509/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:39

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

MAURER

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:50

# 1 0.190Subject Sample 20:51

1.300Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:53

# 2 0.174Subject Sample 20:54

1.937Breath Volume 20:54

0.000Air Blank 20:55

0.079Control Test 20:55

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:1409/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:18

Lee County SO

GOULD,LEONARD

06/05/2020

10818080A4

Lee County SO

GOULD,LEONARD,

STEGMAIER

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.080Control Test 21:01

0.000Air Blank 21:01

# 1 0.000Subject Sample 21:02

2.535Breath Volume 21:02

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.000Subject Sample 21:04

2.183Breath Volume 21:04

0.000Air Blank 21:05

0.080Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:0909/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

22:01

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

HERNANDEZ

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.077Subject Sample 22:33

1.363Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.068Subject Sample 22:36

1.207Breath Volume 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:2909/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:20

Fort Myers PD

HIDEG,JARED

06/05/2020

10818080A4

Lee County SO

WITT,KELLY,

MCKNIGHT

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.080Control Test 00:35

0.000Air Blank 00:35

# 1 0.144Subject Sample 00:36

4.429Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.142Subject Sample 00:39

2.910Breath Volume 00:39

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 10/03/2018 09:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:2509/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:37

Lee County SO

HALL,CHRISTINE

06/05/2020

10818080A4

Lee County SO

HALL,CHRISTINE,

CERRITOS LOPEZ

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1 0.192Subject Sample 22:39

1.734Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.169Subject Sample 22:44 Slope Not Level

2.417Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 3 0.186Subject Sample 22:48

1.968Breath Volume 22:48

0.000Air Blank 22:49

0.078Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0109/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:20

Lee County SO

PETRULIS,ADAM

06/05/2020

10818080A4

Lee County SO

HALL,CHRISTINE,

VEGA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:25

0.000Air Blank 02:25

# 1 0.170Subject Sample 02:26

1.320Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.154Subject Sample 02:29

1.484Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:3409/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:27

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

WARD

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

# 1 0.046Subject Sample 04:21

1.125Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.046Subject Sample 04:25

1.386Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2809/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:10

Lee County SO

GONZALEZ,CARLOS

06/05/2020

10818080A4

FHP Troop F

BELL,JOSEPH,G

CARTER

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.188Subject Sample 22:13

1.355Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.197Subject Sample 22:17

1.531Breath Volume 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0309/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:27

Lee County SO

WILLIAMS,TYLER

06/05/2020

10818080A4

Fort Myers PD

BELL,JOSEPH,G

DURAN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.078Control Test 22:44

0.000Air Blank 22:44

# 1 0.173Subject Sample 22:48 Volume Not Met

0.066Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.177Subject Sample 22:53

1.390Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 3Subject Sample 22:57 Subject Test Refused

0.070Breath Volume 22:57

0.000Air Blank 22:58

0.077Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:5009/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

04:35

Fort Myers PD

HERNANDEZ,Y

06/05/2020

10818080A4

Fort Myers PD

BEINER,RYAN,T

RHINVIL

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.079Control Test 05:44

0.000Air Blank 05:44

# 1 0.240Subject Sample 05:46

2.285Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.232Subject Sample 05:50

2.347Breath Volume 05:50

0.000Air Blank 05:50

0.078Control Test 05:51

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1209/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:02

Lee County SO

TORRES,S

06/05/2020

10818080A4

Lee County SO

VANPELT,J,

HENDERSON

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

# 1 0.184Subject Sample 01:16

2.050Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.183Subject Sample 01:19

2.410Breath Volume 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:1409/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:55

Lee County SO

HIDEG,J

06/05/2020

10818080A4

Lee County SO

VANPELT,J,

GONZALEZ

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:05

0.080Control Test 03:05

0.000Air Blank 03:06

# 1 0.162Subject Sample 03:06

2.773Breath Volume 03:06

0.000Air Blank 03:07

0.000Air Blank 03:09

# 2 0.159Subject Sample 03:09

2.562Breath Volume 03:09

0.000Air Blank 03:10

0.079Control Test 03:10

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:4009/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:03

Lee County SO

SERRAGO,JAMES

06/05/2020

10818080A4

Sanibel PD

LINDHOLM,JOHN,T

ROSE

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:19

# 1 0.131Subject Sample 23:20

3.128Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.132Subject Sample 23:23

3.003Breath Volume 23:23

0.000Air Blank 23:23

0.080Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2509/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:50

Fort Myers PD

REYNOLDS,CHRISTIAN

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

TINCHER

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

# 1 0.220Subject Sample 23:41 Volume Not Met

0.082Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:43

# 2 0.246Subject Sample 23:46 Volume Not Met

0.210Breath Volume 23:46

Air Blank 23:47 Purge Fail

0.000Air Blank 23:48

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1809/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:53

FHP Troop F

MCGOWAN,TYLER

06/05/2020

10818080A4

FHP Troop F

MCGOWAN,TYLER,J

SULLIVAN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.077Control Test 01:57

0.000Air Blank 01:58

# 1 0.156Subject Sample 01:58

2.531Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.154Subject Sample 02:01

2.417Breath Volume 02:01

0.000Air Blank 02:02

0.077Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:2309/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:52

FHP Troop F

SMYRNIOS,MANUEL

06/05/2020

10818080A4

FHP Troop F

SMYRNIOS,MANUEL,J

EBERHARD

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.079Control Test 16:46

0.000Air Blank 16:47

# 1 0.052Subject Sample 16:47

3.281Breath Volume 16:47

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2 0.051Subject Sample 16:50

3.921Breath Volume 16:50

0.000Air Blank 16:51

0.080Control Test 16:51

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:4209/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:35

Lee County SO

VANPELT,J

06/05/2020

10818080A4

Lee County SO

VANPELT,J,

MYERS

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.081Control Test 21:25

0.000Air Blank 21:25

# 1Subject Sample 21:26 Subject Test Refused

0.000Breath Volume 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:3309/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:17

Lee County SO

JEAN-BAPTISTE,L

06/05/2020

10818080A4

Fort Myers PD

VANPELT,J,

BURROLA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.225Subject Sample 21:48

1.476Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.213Subject Sample 21:52

1.218Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5709/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:15

Lee County SO

WINTON,ADAM

06/05/2020

10818080A4

FFWCC (Lakeland)

SCHILKE,CARL,E

ESTREMERA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.090Subject Sample 00:39

1.507Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.085Subject Sample 00:42

1.304Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5909/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:51

Cape Coral PD

HIDEG,J

06/05/2020

10818080A4

Lee County SO

ZARRILLO,N,

MOGILISHETTY

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.079Control Test 01:49

0.000Air Blank 01:50

# 1 0.054Subject Sample 01:50

2.093Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.054Subject Sample 01:53

2.019Breath Volume 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:0909/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:22

Lee County SO

HIDEG,J

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

CLEGHORN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:40 Subject Test Refused

0.140Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:5309/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

08:45

FHP Troop F

HERNANDEZ,KEVIN

06/05/2020

10818080A4

FHP Troop F

HERNANDEZ,KEVIN,E

SAYLOR

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.078Control Test 22:07

0.000Air Blank 22:07

# 1 0.110Subject Sample 22:08

2.250Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:10

# 2 0.109Subject Sample 22:11

2.429Breath Volume 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:1909/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:05

Lee County SO

PRADO,J

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

MELTON

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

# 1 0.302Subject Sample 22:19

3.023Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.316Subject Sample 22:22

1.152Breath Volume 22:22

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:2909/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:29

Lee County SO

SCHILKE,CARL

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

PAULIN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.080Control Test 23:38

0.000Air Blank 23:39

# 1Subject Sample 23:41 Subject Test Refused

0.019Breath Volume 23:41

0.000Air Blank 23:42

0.082Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4109/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:37

Lee County SO

MILLER,J

06/05/2020

10818080A4

FL Gulf Coast UPD

MEYERS,F,E

MCMURRAY

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:46

1.757Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:49

1.765Breath Volume 23:49

0.000Air Blank 23:49

0.080Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1909/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:56

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

FREEMAN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1 0.109Subject Sample 00:22

1.488Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.108Subject Sample 00:25

1.378Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:0609/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:14

Lee County SO

DUNCAN,N

06/05/2020

10818080A4

Lee County SO

DUNCAN,N,

ROBERTS

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.081Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:32 Subject Test Refused

0.000Breath Volume 02:32

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4609/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:09

Lee County SO

MELIDOR,JEMS

06/05/2020

10818080A4

Lee Port Authority

BELL,JOSEPH,G

RAMIREZ

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.338Subject Sample 03:45

1.968Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.330Subject Sample 03:48

2.273Breath Volume 03:48

0.000Air Blank 03:48

0.079Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:5609/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:01

Lee County SO

DAVIS,D

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

ALDANA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.079Subject Sample 23:10

1.593Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.075Subject Sample 23:15

2.308Breath Volume 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:5409/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

15:00

Lee County SO

LINK,CHRISTOPHER

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

RICHART

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:52

0.000Air Blank 17:53

0.080Control Test 17:53

0.000Air Blank 17:53

# 1 0.100Subject Sample 17:55

1.230Breath Volume 17:55

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.100Subject Sample 17:58

1.343Breath Volume 17:58

0.000Air Blank 17:58

0.080Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5209/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:24

Lee County SO

SMITH,JOSIAH

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

POWELL

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.311Subject Sample 22:31

3.136Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.309Subject Sample 22:34

2.179Breath Volume 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5509/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

20:46

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

RAYBUCK

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.079Control Test 22:47

0.000Air Blank 22:48

# 1Subject Sample 22:48 RFI Detect

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.079Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:3909/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

20:46

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

RAYBUCK

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

0.000Air Blank 22:52

# 1 0.036Subject Sample 22:53

1.144Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.034Subject Sample 22:56

1.246Breath Volume 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:5709/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

02:48

Lee County SO

STEVENS,LAUREN

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

MALLEY

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.081Control Test 04:22

0.000Air Blank 04:22

# 1 0.055Subject Sample 04:24

1.281Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.055Subject Sample 04:28

1.617Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5009/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

02:43

Lee County SO

ROSE,C

06/05/2020

10818080A4

Lee County SO

VANPELT,J,

DOOLEY

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:20

# 1 0.093Subject Sample 04:22

1.937Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.089Subject Sample 04:25

2.117Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:0309/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:12

Lee County SO

BROWN,EARTHEN

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

ADRIANZEN

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.079Control Test 05:18

0.000Air Blank 05:18

# 1 0.085Subject Sample 05:19

1.589Breath Volume 05:19

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.084Subject Sample 05:22

1.332Breath Volume 05:22

0.000Air Blank 05:23

0.080Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:24

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:3209/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:58

Lee County SO

SERRAGO,J

06/05/2020

10818080A4

Sanibel PD

VANPELT,J,

GARCIA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.081Control Test 05:15

0.000Air Blank 05:16

# 1 0.164Subject Sample 05:16

3.078Breath Volume 05:16

0.000Air Blank 05:17

0.000Air Blank 05:19

# 2 0.164Subject Sample 05:19

2.937Breath Volume 05:19

0.000Air Blank 05:20

0.080Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:4109/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

04:05

Lee County SO

BROWN,EARTHEN

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

ESCALONA

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.080Control Test 05:52

0.000Air Blank 05:52

# 1 0.169Subject Sample 05:53

1.292Breath Volume 05:53

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.176Subject Sample 05:56

1.496Breath Volume 05:56

0.000Air Blank 05:56

0.080Control Test 05:57

0.000Air Blank 05:57

OKDiagnostics Check 05:57

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0309/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:01

Brevard County SO

FLAMMIA,ARIANNA

09/05/2019

19817080A3

Cocoa Beach PD

WILKIN,SEAN,D

RICHARDS

08/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.179Subject Sample 03:43

2.769Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.187Subject Sample 03:46

2.558Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:48

Data Download Date/Time: 09/28/2018 18:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:4109/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

02:58

Brevard County SO

OUELLETTE,SARAH

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

OBREMSKI

08/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:44

# 1 0.255Subject Sample 03:45

1.566Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:48

# 2 0.253Subject Sample 03:49

1.777Breath Volume 03:49

0.000Air Blank 03:49

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 09/28/2018 18:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:4709/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:33

Brevard County SO

WINSTEAD,JUSTIN

09/05/2019

19817080A3

Brevard County SO

WINSTEAD,JUSTIN,M

MEMERING

08/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1 0.185Subject Sample 00:21

3.082Breath Volume 00:21

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.179Subject Sample 00:24

3.011Breath Volume 00:24

0.000Air Blank 00:24

0.078Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 09/28/2018 18:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000940CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5009/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:10

Brevard County SO

STRICKLAND,WINFRED

09/05/2019

19817080A3

Rockledge PD

WINSTEAD,JUSTIN,M

PATRICK

08/23/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

# 1 0.132Subject Sample 01:57

2.914Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.130Subject Sample 02:00

2.519Breath Volume 02:00

0.000Air Blank 02:00

0.078Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 09/28/2018 18:55

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0109/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:48

Collier County SO

ELLIS,THOMAS

03/05/2019

03417080A2

Collier County SO

MCCALL,LACEY,J

VALDEZ

09/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

# 1 0.231Subject Sample 00:45

1.808Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.236Subject Sample 00:48

1.945Breath Volume 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:50

Data Download Date/Time: 10/02/2018 16:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000941CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3009/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:29

Collier County SO

VASQUEZ,DANIEL

03/05/2019

03417080A2

Collier County SO

VASQUEZ,DANIEL,C

GABRIEL DOMINGO

09/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

# 1 0.171Subject Sample 04:02

2.750Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.172Subject Sample 04:05

2.636Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/02/2018 16:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3409/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:41

Collier County SO

STUDZINSKI,K

06/05/2020

10818080A6

Collier County SO

BUONPANE,V,D

SMITH

09/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:06

# 1Subject Sample 22:07 Subject Test Refused

0.000Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/02/2018 14:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:3309/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

22:00

22:33

Glades County SO

SALGADO,TICO

01/05/2020

31517080A1

Glades County SO

ROSARIO,FAUSTO,A

GARCIA

08/31/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.079Control Test 23:10

0.000Air Blank 23:10

# 1 0.250Subject Sample 23:10

1.890Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.262Subject Sample 23:13

2.480Breath Volume 23:13

0.000Air Blank 23:14

0.077Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 10/01/2018 15:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:3809/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:24

Glades County SO

OKUPSKI,R

01/05/2020

31517080A1

Glades County SO

HERNANDEZ,J,D

GONZALEZ

08/31/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1 0.080Subject Sample 03:15

1.175Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.075Subject Sample 03:19

1.269Breath Volume 03:19

0.000Air Blank 03:19

0.078Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/01/2018 15:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:34:5309/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:56

08:40

Glades County SO

CLENDENING,JAMES

01/05/2020

31517080A1

Glades County SO

CHEVALIER,DEXTER,A

ROBINSON

08/31/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:31

0.000Air Blank 09:31

0.078Control Test 09:32

0.000Air Blank 09:32

# 1Subject Sample 09:33 Subject Test Refused

0.000Breath Volume 09:33

0.000Air Blank 09:33

0.079Control Test 09:34

0.000Air Blank 09:34

OKDiagnostics Check 09:34

Data Download Date/Time: 10/01/2018 15:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:53:5109/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:09

10:05

Glades County SO

MATHIEU,REGINALD

01/05/2020

31517080A1

Glades County SO

HICKS,CHRISTINA,L

RHODES

08/31/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 11:47

0.000Air Blank 11:48

0.078Control Test 11:48

0.000Air Blank 11:49

# 1 0.000Subject Sample 11:49

3.046Breath Volume 11:49

0.000Air Blank 11:50

0.000Air Blank 11:52

# 2 0.000Subject Sample 11:52

3.152Breath Volume 11:52

0.000Air Blank 11:52

0.077Control Test 11:53

0.000Air Blank 11:53

OKDiagnostics Check 11:53

Data Download Date/Time: 10/01/2018 15:25

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3809/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:51

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

MAGEE

09/05/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

# 1 0.252Subject Sample 22:04

1.496Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.249Subject Sample 22:07

1.679Breath Volume 22:07

0.000Air Blank 22:07

0.079Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/30/2018 11:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:1109/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:46

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

CRESCINI

09/05/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:58

# 1 0.000Subject Sample 02:59

1.679Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.000Subject Sample 03:02

2.011Breath Volume 03:02

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 10/30/2018 11:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2009/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:33

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

CAIO

09/05/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

# 1 0.141Subject Sample 01:45

1.777Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.133Subject Sample 01:48

1.148Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 10/30/2018 11:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4709/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:56

Franklin County SO

KESTERSON,CALEB

01/31/2020

686331

Franklin County SO

KESTERSON,CALEB,L

PICCIRILLO

08/23/2018

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:44

# 1 0.140Subject Sample 04:45

3.722Breath Volume 04:45

Air Blank 04:46 Purge Fail

0.000Air Blank 04:46

Data Download Date/Time: 09/13/2018 10:31

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:1209/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:56

Franklin County SO

KESTERSON,CALEB

01/31/2020

686331

Franklin County SO

KESTERSON,CALEB,L

PICCIRILLO

08/23/2018

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.078Control Test 04:53

0.000Air Blank 04:53

# 1 0.140Subject Sample 04:54

2.484Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:56

# 2 0.136Subject Sample 04:57

2.476Breath Volume 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 09/13/2018 10:31

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:3009/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:42

FHP Troop H

BONTRAGER,WILLIAM

12/05/2019

29017080A3

FHP Troop H

BONTRAGER,WILLIAM,L

OLIVAS

08/16/2018

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:48

# 1Subject Sample 01:49 RFI Detect

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.078Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 09/19/2018 11:10

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:1609/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:42

FHP Troop H

BONTRAGER,WILLIAM

12/05/2019

29017080A3

FHP Troop H

BONTRAGER,WILLIAM,L

OLIVAS

08/16/2018

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:53

# 1 0.163Subject Sample 01:54

2.683Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.171Subject Sample 01:57

2.261Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/19/2018 11:10

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:4609/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:34

FHP Troop H

TALLMAN,JOHN

05/05/2019

06717080A6

FHP Troop H

TALLMAN,JOHN,R

CROLEY

08/28/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.082Control Test 22:40

0.000Air Blank 22:40

# 1 0.228Subject Sample 22:41

3.523Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:43

# 2 0.209Subject Sample 22:44

4.300Breath Volume 22:44

0.000Air Blank 22:44

0.081Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 09/17/2018 10:26

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:1309/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:21

FHP Troop H

TALLMAN,JOHN

05/05/2019

06717080A6

FHP Troop H

TALLMAN,JOHN,R

SANDERS

08/28/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:28

0.083Control Test 19:28

0.000Air Blank 19:29

# 1 0.188Subject Sample 19:29

3.324Breath Volume 19:29

Air Blank 19:29 Improper Sample

0.000Air Blank 19:30

0.083Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 09/17/2018 10:26

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:4709/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:21

FHP Troop H

TALLMAN,JOHN

05/05/2019

06717080A6

FHP Troop H

TALLMAN,JOHN,R

SANDERS

08/28/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:33

# 1 0.183Subject Sample 19:34

2.312Breath Volume 19:34

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.183Subject Sample 19:37

2.378Breath Volume 19:37

0.000Air Blank 19:37

0.081Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 09/17/2018 10:26

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:0709/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

20:05

FHP Troop H

TALLMAN,JOHN

05/05/2019

06717080A6

FHP Troop H

TALLMAN,JOHN,R

RYALS

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.083Control Test 22:29

0.000Air Blank 22:29

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:30

0.082Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 10/08/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2609/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:58

Wakulla County SO

PIENTA,DAVID

05/05/2019

06717080A6

Wakulla County SO

PAUL,TAYLOR,N

ARMSTRONG

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:44

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.082Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 10/08/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:4609/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:42

Wakulla County SO

BECERIKLIER,JENNA

05/05/2019

06717080A6

Wakulla County SO

PAUL,TAYLOR,N

BOWELL

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.082Control Test 22:19

0.000Air Blank 22:20

# 1 0.188Subject Sample 22:21

1.945Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.198Subject Sample 22:25

2.187Breath Volume 22:25

0.000Air Blank 22:26

0.084Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 10/08/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2909/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:26

FHP Troop H

HUTCHINSON,DEONTE

05/05/2019

06717080A6

Wakulla County SO

ELLIOTT,RICHARD,J

WALLACE

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:24

0.081Control Test 01:25

0.000Air Blank 01:25

# 1 0.283Subject Sample 01:26

4.933Breath Volume 01:26

Air Blank 01:26 RFI Detect

Air Blank 01:27 RFI Detect

0.000Air Blank 01:27

Data Download Date/Time: 10/08/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000961CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0609/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:26

FHP Troop H

HUTCHINSON,DEONTE

05/05/2019

06717080A6

Wakulla County SO

ELLIOTT,RICHARD,J

WALLACE

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1 0.298Subject Sample 01:37

2.394Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.286Subject Sample 01:40

3.695Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/08/2018 11:09

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1409/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:09

Orange County SO

FIGUEROA,HECTOR

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

GARCIACORONA

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:53

# 1 0.182Subject Sample 03:53

2.347Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.174Subject Sample 03:56

1.964Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 09/06/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3009/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:08

Orange County SO

CRUZ,AYLEN

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

MEDINA HERNANDEZ

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.081Control Test 22:54

0.000Air Blank 22:55

# 1 0.129Subject Sample 22:56

1.800Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.122Subject Sample 22:58

1.238Breath Volume 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 09/06/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2209/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

02:00

Orange County SO

MOONDA,SHUAIB

11/05/2018

26316080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

ANDERSON

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

# 1 0.240Subject Sample 02:39

2.917Breath Volume 02:39

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.227Subject Sample 02:41

2.355Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 09/06/2018 12:40

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:2909/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

03:57

Orange County SO

TUERO,ADRIAN

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

AYALA

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

# 1 0.232Subject Sample 05:10

1.945Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.237Subject Sample 05:12

1.976Breath Volume 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 09/13/2018 17:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:4409/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:06

05:42

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

PORTER

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.081Control Test 06:31

0.000Air Blank 06:31

# 1 0.136Subject Sample 06:32

1.750Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.133Subject Sample 06:36

1.527Breath Volume 06:36

0.000Air Blank 06:36

0.081Control Test 06:37

0.000Air Blank 06:37

OKDiagnostics Check 06:37

Data Download Date/Time: 09/13/2018 17:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:03:1909/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:37

Orange County SO

MCFERREN,JASON

11/05/2018

26316080A1

Maitland PD

ROSARIO SANTIAGO,ELDALY,J

BLAIR

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:57

0.000Air Blank 06:57

0.081Control Test 06:57

0.000Air Blank 06:58

# 1 0.182Subject Sample 06:58

2.070Breath Volume 06:58

0.000Air Blank 06:59

0.000Air Blank 07:01

# 2 0.183Subject Sample 07:01

1.996Breath Volume 07:01

0.000Air Blank 07:02

0.081Control Test 07:02

0.000Air Blank 07:03

OKDiagnostics Check 07:03

Data Download Date/Time: 09/13/2018 17:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4709/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:32

Orange County SO

SANCHEZ,JOSELYN

11/05/2018

26316080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

AGUIRREMORALES

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.081Control Test 02:22

0.000Air Blank 02:23

# 1 0.203Subject Sample 02:24

1.765Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.197Subject Sample 02:28

1.820Breath Volume 02:28

0.000Air Blank 02:28

0.080Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 09/13/2018 17:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:10:1809/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:37

05:35

Orange County SO

ALIJAGIC,SAMIR

11/05/2018

26316080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

QUINTANA

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:00

0.000Air Blank 07:00

0.081Control Test 07:01

0.000Air Blank 07:01

# 1 0.069Subject Sample 07:03

1.175Breath Volume 07:03

0.000Air Blank 07:04

0.000Air Blank 07:06

# 2 0.065Subject Sample 07:08

1.234Breath Volume 07:08

0.000Air Blank 07:09

0.081Control Test 07:09

0.000Air Blank 07:10

OKDiagnostics Check 07:10

Data Download Date/Time: 09/13/2018 17:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2109/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:57

Orange County SO

SCHOONHOVEN,VAN

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

PINEIRO

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:34

0.000Air Blank 02:34

# 1 0.234Subject Sample 02:35

1.406Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.226Subject Sample 02:38

1.414Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 09/17/2018 12:42

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:1609/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

05:06

Orange County SO

POWELL,STEVEN

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

MIRACLE

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:44

0.080Control Test 05:44

0.000Air Blank 05:44

# 1 0.219Subject Sample 05:48 Volume Not Met

0.019Breath Volume 05:48

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.204Subject Sample 05:53 Volume Not Met

0.050Breath Volume 05:53

0.000Air Blank 05:54

0.080Control Test 05:54

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 09/17/2018 12:42

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:46:0909/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:41

Orange County SO

RUTKOSKI,MARK

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

ALCANTARAHERNANDEZ

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:39

0.000Air Blank 06:40

0.079Control Test 06:40

0.000Air Blank 06:41

# 1 0.156Subject Sample 06:41

1.699Breath Volume 06:41

0.000Air Blank 06:42

0.000Air Blank 06:44

# 2 0.152Subject Sample 06:44

1.433Breath Volume 06:44

0.000Air Blank 06:45

0.080Control Test 06:45

0.000Air Blank 06:46

OKDiagnostics Check 06:46

Data Download Date/Time: 09/17/2018 12:42

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:2209/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:04

Orange County SO

CAMPBELL,CRAIG

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

GOODPASTER

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:51

# 1 0.359Subject Sample 00:51

2.953Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.360Subject Sample 00:54

2.386Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 09/17/2018 12:42

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1909/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:12

Orange County SO

ERICKSON,ZACHARY

11/05/2018

26316080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

SANCHEZMARTINEZ

08/28/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.157Subject Sample 02:50

1.207Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.149Subject Sample 02:53

1.507Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 09/17/2018 12:42

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:3109/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:26

Orange County SO

BRYANT,ALFONZIA

11/05/2018

26316080A1

FHP Troop D

DAVIS,COURTNEY,L

TORRES

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.082Control Test 20:22

0.000Air Blank 20:23

# 1 0.217Subject Sample 20:23

1.578Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.205Subject Sample 20:26

1.441Breath Volume 20:26

0.000Air Blank 20:27

0.081Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:16:2109/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:46

08:03

Orange County SO

BELCORE,CHRIS

11/05/2018

26316080A1

Winter Park PD

MELVILLE,KELLY,M

MCCLURE

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:10

0.000Air Blank 09:10

0.081Control Test 09:11

0.000Air Blank 09:11

# 1 0.234Subject Sample 09:11

1.496Breath Volume 09:11

0.000Air Blank 09:12

0.000Air Blank 09:14

# 2 0.251Subject Sample 09:14

2.359Breath Volume 09:14

0.000Air Blank 09:15

0.080Control Test 09:15

0.000Air Blank 09:16

OKDiagnostics Check 09:16

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:2809/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:14

Orange County SO

RIVERA,VICTOR

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

GUILLORY

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.081Control Test 03:10

0.000Air Blank 03:11

# 1 0.124Subject Sample 03:12

1.214Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.125Subject Sample 03:14

1.109Breath Volume 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3409/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:58

Orange County SO

CSIZMADIA,ANDRAS

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

PEREZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.082Control Test 03:57

0.000Air Blank 03:57

# 1 0.059Subject Sample 04:01 Volume Not Met

0.421Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.056Subject Sample 04:05

1.523Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 3 0.055Subject Sample 04:11 Volume Not Met

0.988Breath Volume 04:11

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:5809/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:58

Orange County SO

CSIZMADIA,ANDRAS

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

PEREZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:15

# 1 0.054Subject Sample 04:15

1.703Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.053Subject Sample 04:18

1.496Breath Volume 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:2209/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:26

Orange County SO

CRUZ,AYLER

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

PEREZGONZALEZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.081Control Test 00:06

0.000Air Blank 00:07

# 1 0.216Subject Sample 00:08

1.886Breath Volume 00:08

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.202Subject Sample 00:10

2.511Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:0609/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:35

Orange County SO

KUZMA,TIMOTHY

11/05/2018

26316080A1

Orlando PD

DENSON,TRAVIS,W

CADY

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.087Subject Sample 00:28

4.320Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.085Subject Sample 00:31

4.242Breath Volume 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3409/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:20

Orange County SO

JORGE,JUNIOR

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

MCLAUGHLIN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

# 1 0.062Subject Sample 03:17 Volume Not Met

0.140Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:19

# 2 0.079Subject Sample 03:23 Volume Not Met

0.484Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:0509/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:59

Orange County SO

HARWOOD,ARMANDO

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

PENA

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

# 1 0.122Subject Sample 03:54

1.625Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.114Subject Sample 03:57

2.093Breath Volume 03:57

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4309/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:11

Orange County SO

ELLER,JESSICA

11/05/2018

26316080A1

Winter Park PD

DENSON,TRAVIS,W

HOANG

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.082Control Test 04:09

0.000Air Blank 04:09

# 1 0.000Subject Sample 04:12

1.593Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.000Subject Sample 04:16

1.195Breath Volume 04:16

0.000Air Blank 04:16

0.081Control Test 04:17

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:19:1509/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:01

Orange County SO

SANCHEZ,JOSE

11/05/2018

26316080A1

Apopka PD

RODRIGUEZ,MICHAEL,J

ALLEN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:13

0.000Air Blank 08:13

0.081Control Test 08:14

0.000Air Blank 08:14

# 1 0.141Subject Sample 08:14

1.593Breath Volume 08:14

0.000Air Blank 08:15

0.000Air Blank 08:17

# 2 0.134Subject Sample 08:17

1.792Breath Volume 08:17

0.000Air Blank 08:18

0.080Control Test 08:18

0.000Air Blank 08:19

OKDiagnostics Check 08:19

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:5609/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:30

Orange County SO

THORNTON,BRANDEN

11/05/2018

26316080A1

Orlando PD

KOSH,TOBI,J

GEDDIS

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.081Control Test 19:19

0.000Air Blank 19:19

# 1 0.223Subject Sample 19:20

1.750Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.227Subject Sample 19:23

2.867Breath Volume 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:2509/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:03

Orange County SO

VINER,DENNIS

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

SIMON

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

# 1 0.274Subject Sample 22:31 Slope Not Level

1.234Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:33

# 2 0.284Subject Sample 22:35

1.429Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:37

# 3 0.282Subject Sample 22:38

1.195Breath Volume 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:5009/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:04

Orange County SO

FERRIS,JEFFREY

11/05/2018

26316080A1

Orange County SO

DENSON,TRAVIS,W

HEDDEN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.081Control Test 03:50

0.000Air Blank 03:50

# 1 0.233Subject Sample 03:52

1.843Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.244Subject Sample 03:55

2.367Breath Volume 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:1309/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

03:58

Orange County SO

KREKEL,ALEC

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

AGUILARMIRANDA

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.082Control Test 05:16

0.000Air Blank 05:17

# 1 0.170Subject Sample 05:17

2.441Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.162Subject Sample 05:20

1.613Breath Volume 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:15:2909/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:45

10:44

Orange County SO

SPEER,ANDREW

11/05/2018

26316080A1

Maitland PD

RODRIGUEZ,MICHAEL,J

WILKIE

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:09

0.000Air Blank 12:10

0.083Control Test 12:10

0.000Air Blank 12:10

# 1 0.000Subject Sample 12:11

1.730Breath Volume 12:11

0.000Air Blank 12:11

0.000Air Blank 12:13

# 2 0.000Subject Sample 12:14

2.589Breath Volume 12:14

0.000Air Blank 12:14

0.081Control Test 12:14

0.000Air Blank 12:15

OKDiagnostics Check 12:15

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:52:3409/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:23

15:00

Orange County SO

AUSTIN,ADAM

11/05/2018

26316080A1

Orlando PD

RODRIGUEZ,MICHAEL,J

GERAGHTY

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:46

0.000Air Blank 15:46

0.081Control Test 15:47

0.000Air Blank 15:47

# 1 0.182Subject Sample 15:48

2.394Breath Volume 15:48

0.000Air Blank 15:48

0.000Air Blank 15:50

# 2 0.187Subject Sample 15:51

2.605Breath Volume 15:51

0.000Air Blank 15:51

0.081Control Test 15:51

0.000Air Blank 15:52

OKDiagnostics Check 15:52

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0409/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:34

Orange County SO

ASHCRAFT,TAYLOR

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

RODRIGUEZ NIEVES

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.082Control Test 22:45

0.000Air Blank 22:46

# 1 0.118Subject Sample 22:46

3.164Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.114Subject Sample 22:49

2.742Breath Volume 22:49

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:51

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:2809/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:29

Orange County SO

JUNCO,JONATHAN

11/05/2018

26316080A1

Orlando PD

TIAMSON,DAWN,P

ALONSOAGUILAR

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.082Control Test 22:10

0.000Air Blank 22:11

# 1 0.142Subject Sample 22:12

2.296Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.129Subject Sample 22:14

1.847Breath Volume 22:14

0.000Air Blank 22:15

0.080Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2409/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:45

Orange County SO

GALLON,C

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

PICKETT

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

# 1 0.135Subject Sample 00:55

1.929Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.136Subject Sample 00:57

2.632Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5509/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:03

Orange County SO

HALLOCK,STEPHEN

11/05/2018

26316080A1

Orange County SO

TIAMSON,DAWN,P

SKIVINGTON

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.081Control Test 02:43

0.000Air Blank 02:43

# 1 0.156Subject Sample 02:45

1.960Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.163Subject Sample 02:48

1.902Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:3409/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:23

Orange County SO

ORTIZ,JULIAN

11/05/2018

26316080A1

Orlando PD

THOMPSON,CALEB,N

NAVARRO MELENDEZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.082Control Test 05:03

0.000Air Blank 05:04

# 1 0.166Subject Sample 05:05

1.296Breath Volume 05:05

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.173Subject Sample 05:08

2.558Breath Volume 05:08

0.000Air Blank 05:08

0.081Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:56:4509/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:19

08:45

Orange County SO

FRANCO-RAMOS,CARLOS

11/05/2018

26316080A1

FHP Troop K

MELVILLE,KELLY,M

MORALES

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:43

0.000Air Blank 09:44

0.081Control Test 09:44

0.000Air Blank 09:45

# 1 0.195Subject Sample 09:48 Volume Not Met

0.039Breath Volume 09:48

0.000Air Blank 09:49

0.000Air Blank 09:50

# 2 0.193Subject Sample 09:52

2.265Breath Volume 09:52

0.000Air Blank 09:52

0.000Air Blank 09:54

# 3 0.198Subject Sample 09:55

2.085Breath Volume 09:55

0.000Air Blank 09:55

0.080Control Test 09:56

0.000Air Blank 09:56

OKDiagnostics Check 09:56

Data Download Date/Time: 09/27/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:5709/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:29

Orange County SO

RIVERA,VICTOR

11/05/2018

26316080A1

FHP Troop D

TIAMSON,DAWN,P

STEPNEY

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1 0.168Subject Sample 00:15

2.074Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.174Subject Sample 00:18

1.667Breath Volume 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:1209/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:30

Orange County SO

ELLER,ASHLEY

11/05/2018

26316080A1

Apopka PD

OKEEFE,ALEXIS,J

JARNSTROM

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

# 1 0.177Subject Sample 00:56 Volume Not Met

0.148Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.189Subject Sample 01:01

1.285Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:03

# 3 0.182Subject Sample 01:06

1.605Breath Volume 01:06

0.000Air Blank 01:07

0.078Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:2209/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

20:06

Orange County SO

MAYFIELD,JOHN

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

CHEN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

# 1 0.138Subject Sample 20:40

1.898Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.135Subject Sample 20:43

1.187Breath Volume 20:43

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:0609/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:54

Orange County SO

MAYORGA,OSCAR

11/05/2018

26316080A1

Apopka PD

KOSH,TOBI,J

RODRIGUEZ ANGELES

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

# 1 0.190Subject Sample 00:07

1.726Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.189Subject Sample 00:12

1.738Breath Volume 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5009/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:27

Orange County SO

PEERS,MICHAEL

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

JONES III

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1 0.059Subject Sample 04:05

1.156Breath Volume 04:05

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2Subject Sample 04:10 No Sample Provided

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 3Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.081Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:2409/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

19:19

Orange County SO

MATHURIN,WILBERTE

11/05/2018

26316080A1

Orlando PD

KOSH,TOBI,J

BLANCO GUGLIOTTA

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.081Control Test 20:07

0.000Air Blank 20:07

# 1 0.162Subject Sample 20:09

3.585Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.168Subject Sample 20:12

2.804Breath Volume 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5609/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:15

Orange County SO

MILLER,JACOB

11/05/2018

26316080A1

Apopka PD

THOMPSON,CALEB,N

GRANADOSESCOBEDO

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:05

# 1 0.265Subject Sample 01:05

2.320Breath Volume 01:05

0.000Air Blank 01:06

0.000Air Blank 01:08

# 2 0.262Subject Sample 01:08

1.707Breath Volume 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4409/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

03:00

Orange County SO

JOHNS,MARK

11/05/2018

26316080A1

Orlando PD

DENSON,TRAVIS,W

MEJIA

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

# 1 0.195Subject Sample 03:36

2.519Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.187Subject Sample 03:39

1.484Breath Volume 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4509/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:16

Orange County SO

LOWE,KEVIN

11/05/2018

26316080A1

Orlando PD

THOMPSON,CALEB,N

MERELUS

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

# 1 0.180Subject Sample 04:20

1.781Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.177Subject Sample 04:25

1.652Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0009/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

02:37

Orange County SO

DRACH,STEFAN

07/05/2019

13917080A3

FHP Troop D

KOSH,TOBI,J

PATEL

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

# 1 0.152Subject Sample 03:47

2.394Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.155Subject Sample 03:50

1.128Breath Volume 03:50

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:52

Data Download Date/Time: 09/06/2018 12:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1609/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:28

Orange County SO

CAMPBELL,CRAIG

07/05/2019

13917080A3

Orange County SO

ELBON,NICHOLAS,C

PALMIERO

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

# 1 0.090Subject Sample 02:35

1.187Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.101Subject Sample 02:38

2.074Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 09/06/2018 12:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:4309/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:51

Orange County SO

MASSICOTTE,MICHAEL

07/05/2019

13917080A3

Orlando PD

ELBON,NICHOLAS,C

RIVERA

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

# 1 0.165Subject Sample 21:56 Volume Not Met

0.250Breath Volume 21:56

0.000Air Blank 21:57

0.000Air Blank 21:59

# 2 0.169Subject Sample 22:00

1.179Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 3 0.149Subject Sample 22:06 Volume Not Met

0.652Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2509/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:05

Orange County SO

WARNER,MICHAEL

07/05/2019

13917080A3

Maitland PD

ELBON,NICHOLAS,C

MATTHEWS

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

# 1 0.094Subject Sample 04:02

1.238Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.093Subject Sample 04:05

1.246Breath Volume 04:05

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:2109/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:01

Orange County SO

GRIFFITH,CODY

07/05/2019

13917080A3

FHP Troop D

ELBON,NICHOLAS,C

SCHAUB

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.080Control Test 21:14

0.000Air Blank 21:15

# 1 0.183Subject Sample 21:15

2.367Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.184Subject Sample 21:18

1.855Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2709/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:36

Orange County SO

RODRIGUEZ,JORGE

07/05/2019

13917080A3

Orlando PD

ELBON,NICHOLAS,C

GARCIA

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

# 1 0.171Subject Sample 03:25 Volume Not Met

0.175Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.157Subject Sample 03:30 Volume Not Met

0.035Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5609/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:36

Orange County SO

RODRIGUEZ,JORGE

07/05/2019

13917080A3

Orlando PD

ELBON,NICHOLAS,C

GARCIA

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1 0.168Subject Sample 03:39 Volume Not Met

0.093Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.117Subject Sample 03:45 Volume Not Met

0.222Breath Volume 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2509/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:18

Orange County SO

TUERO,ADRIAN

07/05/2019

13917080A3

FHP Troop D

ELBON,NICHOLAS,C

DANIEL

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.172Subject Sample 01:12

1.195Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.154Subject Sample 01:18 Volume Not Met

0.433Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:21

# 3 0.178Subject Sample 01:21

1.582Breath Volume 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 09/13/2018 17:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:0509/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:26

Orange County SO

WILKES,DAVID

07/05/2019

13917080A3

Orlando PD

OKEEFE,ALEXIS,J

TORRESIBARRA

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.079Control Test 04:24

0.000Air Blank 04:24

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 09/17/2018 10:27

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2609/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

01:03

Orange County SO

ROBBINS,NATHAN

07/05/2019

13917080A3

Orlando PD

KOSH,TOBI,J

NELSON

08/28/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.207Subject Sample 01:53

2.464Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.198Subject Sample 01:57

2.453Breath Volume 01:57

0.000Air Blank 01:58

0.079Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 09/17/2018 10:27

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0909/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:41

Kissimmee PD

LUGO,NEFTALI

12/05/2019

646645

Kissimmee PD

LUGO,NEFTALI,F

MUNIZ TOLEDO

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.164Subject Sample 03:43

2.769Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.168Subject Sample 03:46

2.281Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:0109/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:19

Kissimmee PD

CORUJO,PEDRO

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

RODRIGUEZ RODRIGUEZ

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:54

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:57

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5309/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:35

Osceola County SO

AKINS,JUSTIN

12/05/2019

646645

Osceola County SO

MARONEY,GEORGE,E

DIAZ GUZMAN

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1 0.134Subject Sample 00:24

1.218Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.150Subject Sample 00:28

1.765Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:1309/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

11:50

FHP Troop D

REYES,ISAAC

12/05/2019

646645

FHP Troop D

REYES,ISAAC,N

GONZALEZ

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

01:02 Improper Sample

0.000Air Blank 01:03

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:5309/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

11:50

FHP Troop D

REYES,ISAAC

12/05/2019

646645

FHP Troop D

REYES,ISAAC,N

GONZALEZ RUIZ

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

Air Blank 01:05 Ambient Fail

0.000Air Blank 01:05

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5709/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

11:50

FHP Troop D

REYES,ISAAC

12/05/2019

646645

FHP Troop D

REYES,ISAAC,N

GONZALEZ RUIZ

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

Air Blank 01:09 Ambient Fail

0.000Air Blank 01:09

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:5309/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:21

Kissimmee PD

BOCCIO,GLORIA

12/05/2019

646645

Osceola County SO

LUGO,NEFTALI,F

SANTIAGO BORGES

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1Subject Sample 04:07 Subject Test Refused

0.000Breath Volume 04:07

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 09/06/2018 22:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3509/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:30

Kissimmee PD

BAEZ,BAYRON

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

LOZANO

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.036Subject Sample 03:27

3.097Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.035Subject Sample 03:30

2.183Breath Volume 03:30

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 10/09/2018 22:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:46:4909/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:18

09:32

Osceola County SO

MINERVINO,KRISTIN

12/05/2019

646645

Osceola County SO

GAYLE,OWEN,D

BERNABEL

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:40

0.000Air Blank 10:41

0.080Control Test 10:41

0.000Air Blank 10:41

# 1 0.000Subject Sample 10:42

3.328Breath Volume 10:42

0.000Air Blank 10:43

0.000Air Blank 10:45

# 2 0.000Subject Sample 10:45

3.246Breath Volume 10:45

0.000Air Blank 10:45

0.079Control Test 10:46

0.000Air Blank 10:46

OKDiagnostics Check 10:46

Data Download Date/Time: 10/09/2018 22:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:1109/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:21

Kissimmee PD

DOUVRES,MICHAEL

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

MONTALVO

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.115Subject Sample 03:11

2.855Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.114Subject Sample 03:14

3.031Breath Volume 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 10/09/2018 22:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:4209/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:41

03:07

Kissimmee PD

BAEZ,BAYRON

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

BERRIOS

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.199Subject Sample 04:03

3.339Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.201Subject Sample 04:06

2.792Breath Volume 04:06

0.000Air Blank 04:07

0.080Control Test 04:08

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 10/09/2018 22:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:38:1509/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:19

Apopka PD

WRINKLE,MIRANDA

11/05/2018

26316080A2

Apopka PD

ANDERSON,SAMUEL,H

MANNING

08/30/2018

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:32

0.000Air Blank 13:32

0.076Control Test 13:32

0.000Air Blank 13:33

# 1 0.000Subject Sample 13:33

3.886Breath Volume 13:33

0.000Air Blank 13:34

0.000Air Blank 13:36

# 2 0.000Subject Sample 13:36

4.199Breath Volume 13:36

0.000Air Blank 13:37

0.076Control Test 13:37

0.000Air Blank 13:38

OKDiagnostics Check 13:38

Data Download Date/Time: 09/30/2018 21:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0309/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

03:03

Osceola County SO

SAYERS,MICHELLE

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

PARZIALE

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.078Control Test 03:47

0.000Air Blank 03:47

# 1 0.018Subject Sample 03:48

1.718Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.018Subject Sample 03:51

1.261Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:53

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:03:3009/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:29

06:45

St. Cloud PD

REDDITT,MATTHEW

10/30/2018

163437

St. Cloud PD

REDDITT,MATTHEW,A

DIAZ ROQUE

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:51

0.000Air Blank 07:52

0.079Control Test 07:52

0.000Air Blank 07:53

# 1 0.141Subject Sample 07:56 Volume Not Met

0.136Breath Volume 07:56

0.000Air Blank 07:56

0.000Air Blank 07:58

# 2 0.130Subject Sample 08:01 Volume Not Met

0.718Breath Volume 08:01

0.000Air Blank 08:02

0.078Control Test 08:02

0.000Air Blank 08:03

OKDiagnostics Check 08:03

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:17:4909/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:29

06:45

St. Cloud PD

REDDITT,MATTHEW

10/30/2018

163437

St. Cloud PD

REDDITT,MATTHEW,A

DIAZ ROQUE

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:08

0.000Air Blank 08:09

0.078Control Test 08:09

0.000Air Blank 08:09

# 1 0.163Subject Sample 08:12

1.785Breath Volume 08:12

0.000Air Blank 08:13

0.000Air Blank 08:15

# 2 0.165Subject Sample 08:15

1.179Breath Volume 08:15

0.000Air Blank 08:16

0.077Control Test 08:17

0.000Air Blank 08:17

OKDiagnostics Check 08:17

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:1809/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:35

14:39

St. Cloud PD

BARRETT,JASON

10/30/2018

163437

St. Cloud PD

REDDITT,MATTHEW,A

MENDEZ

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:03

0.000Air Blank 16:03

0.078Control Test 16:04

0.000Air Blank 16:04

# 1 0.158Subject Sample 16:07

1.679Breath Volume 16:07

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.171Subject Sample 16:10

2.546Breath Volume 16:10

0.000Air Blank 16:11

0.077Control Test 16:11

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3709/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:45

St. Cloud PD

MCCORMICK,BEN

10/30/2018

163437

St. Cloud PD

ESH,JOSH,A

MCCRAE

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.212Subject Sample 01:42

3.078Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.216Subject Sample 01:46

3.140Breath Volume 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:4209/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:56

Osceola County SO

HARRIS,DENIS

10/30/2018

163437

Osceola County SO

MARONEY,GEORGE,E

SIGMAN

08/08/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:38

0.000Air Blank 18:39

0.078Control Test 18:39

0.000Air Blank 18:40

# 1 0.297Subject Sample 18:41

1.375Breath Volume 18:41

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2 0.297Subject Sample 18:44

1.738Breath Volume 18:44

0.000Air Blank 18:44

0.078Control Test 18:45

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 09/06/2018 22:33

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:06:2109/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:38

09:58

Osceola County SO

MCCONNELL,CHARLES

10/30/2018

163437

Osceola County SO

MCCONNELL,CHARLES,E

CRISP

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:59

0.000Air Blank 11:00

0.080Control Test 11:00

0.000Air Blank 11:01

# 1 0.000Subject Sample 11:01

4.386Breath Volume 11:01

0.000Air Blank 11:02

0.000Air Blank 11:04

# 2 0.000Subject Sample 11:05

2.402Breath Volume 11:05

0.000Air Blank 11:05

0.079Control Test 11:05

0.000Air Blank 11:06

OKDiagnostics Check 11:06

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3109/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:53

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

HERNANDEZ MOJICA

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

# 1 0.181Subject Sample 03:05 Volume Not Met

0.917Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.178Subject Sample 03:09

2.101Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 3 0.178Subject Sample 03:13

2.457Breath Volume 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5609/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:54

Osceola County SO

RODRIGUEZ,A

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

ALLI

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:46

# 1 0.265Subject Sample 03:48

1.257Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.274Subject Sample 03:51

2.750Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:4209/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:52

Osceola County SO

SAYERS,MICHELLE

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

AVONCE

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.078Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3209/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:52

Osceola County SO

SAYERS,MICHELLE

10/30/2018

163437

Osceola County SO

SAYERS,MICHELLE,H

AVONCE

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

# 1 0.106Subject Sample 01:43

1.984Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.104Subject Sample 01:46

2.324Breath Volume 01:46

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2509/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:19

Kissimmee PD

NIEVES,CHARLIE

10/30/2018

163437

Kissimmee PD

NIEVES,CHARLIE,

BADILLO

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.181Subject Sample 03:04

1.167Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.185Subject Sample 03:07

1.421Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1909/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:25

Osceola County SO

LYONS,DANIEL

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

GUZMAN

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.273Subject Sample 02:19

1.503Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:21

# 2 0.267Subject Sample 02:22

1.832Breath Volume 02:22

0.000Air Blank 02:23

0.077Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1309/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:48

Osceola County SO

AKINS,JUSTIN

10/30/2018

163437

Osceola County SO

HANSELL,ROBERT,E

PEREZ

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

# 1 0.029Subject Sample 03:27

1.398Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.029Subject Sample 03:30

2.761Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:2309/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

06:19

Kissimmee PD

PHILLIPS,ADAM

10/30/2018

163437

Kissimmee PD

FORD,GLENN,W

PIZARRO

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:54

0.000Air Blank 06:54

0.079Control Test 06:55

0.000Air Blank 06:55

# 1 0.191Subject Sample 06:56

2.179Breath Volume 06:56

0.000Air Blank 06:56

0.000Air Blank 06:58

# 2 0.186Subject Sample 06:58

2.296Breath Volume 06:58

0.000Air Blank 06:59

0.078Control Test 06:59

0.000Air Blank 07:00

OKDiagnostics Check 07:00

Data Download Date/Time: 10/09/2018 22:34

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:52:3409/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

15:04

Cocoa Beach PD

EASTMAN,MATTHEW

11/05/2018

26316080A2

Cocoa Beach PD

ESCHBACH,DANIEL,M

COLLINS

08/11/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:47

# 1 0.000Subject Sample 15:48

1.886Breath Volume 15:48

0.000Air Blank 15:48

0.000Air Blank 15:50

# 2 0.000Subject Sample 15:51

1.476Breath Volume 15:51

0.000Air Blank 15:51

0.079Control Test 15:51

0.000Air Blank 15:52

OKDiagnostics Check 15:52

Data Download Date/Time: 09/30/2018 21:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:3509/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:31

Cocoa Beach PD

PAYNE,TAYLOR

11/05/2018

26316080A2

Cocoa Beach PD

ESCHBACH,DANIEL,M

KING

08/11/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.098Subject Sample 03:03

1.367Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.109Subject Sample 03:07

2.523Breath Volume 03:07

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 09/30/2018 21:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:5709/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:46

20:46

Cocoa Beach PD

MEEHAN,RYAN

11/05/2018

26316080A2

Cocoa Beach PD

MEEHAN,RYAN,P

IFTODE

08/11/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

# 1 0.221Subject Sample 21:47

2.542Breath Volume 21:47

0.000Air Blank 21:47

0.000Air Blank 21:49

# 2 0.220Subject Sample 21:50

2.511Breath Volume 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 09/30/2018 21:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4409/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:30

Cocoa Beach PD

FLAMMIA,ARIANNA

11/05/2018

26316080A2

Cocoa Beach PD

MAILMAN,JOSEPH,E

NAVE

08/11/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.199Subject Sample 02:13

2.000Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.200Subject Sample 02:17

1.164Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 09/30/2018 21:04

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.


