
80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:48:1210/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:21

09:23

Monroe County SO

DAVIS,ALEXANDRA

03/07/2021

915310

Monroe County SO

DAVIS,ALEXANDRA,M

HAYDEN

09/27/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:42

0.000Air Blank 10:42

0.079Control Test 10:42

0.000Air Blank 10:43

# 1 0.000Subject Sample 10:43

1.191Breath Volume 10:43

0.000Air Blank 10:44

0.000Air Blank 10:46

# 2 0.000Subject Sample 10:46

1.363Breath Volume 10:46

0.000Air Blank 10:47

0.080Control Test 10:47

0.000Air Blank 10:48

OKDiagnostics Check 10:48

Data Download Date/Time: 10/04/2018 13:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:2610/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

14:42

Monroe County SO

MARTIN-REYES,JUAN

03/07/2021

915310

Monroe County SO

MARTIN-REYES,JUAN,C

SUNYAK

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:00

0.000Air Blank 16:00

0.080Control Test 16:00

0.000Air Blank 16:01

# 1 0.000Subject Sample 16:04 Volume Not Met

0.496Breath Volume 16:04

0.000Air Blank 16:05

0.000Air Blank 16:07

# 2Subject Sample 16:09 Subject Test Refused

0.000Breath Volume 16:09

0.000Air Blank 16:09

0.079Control Test 16:09

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:45:1310/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:08

14:42

Monroe County SO

MARTIN-REYES,JUAN

03/07/2021

915310

Monroe County SO

MARTIN-REYES,JUAN,C

SUNYAK

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:28

0.000Air Blank 16:29

0.079Control Test 16:29

0.000Air Blank 16:29

# 1 0.000Subject Sample 16:33 Volume Not Met

0.890Breath Volume 16:33

0.000Air Blank 16:33

0.000Air Blank 16:35

# 2 0.000Subject Sample 16:38

1.394Breath Volume 16:38

0.000Air Blank 16:38

0.000Air Blank 16:40

# 3 0.000Subject Sample 16:43 Volume Not Met

0.585Breath Volume 16:43

0.000Air Blank 16:44

0.079Control Test 16:44

0.000Air Blank 16:45

OKDiagnostics Check 16:45

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:2510/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

18:42

Monroe County SO

MOELLER,JENNA

03/07/2021

915310

Monroe County SO

MARTIN-REYES,JUAN,C

CALLAN

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.080Control Test 20:28

0.000Air Blank 20:28

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4010/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:11

Key West PD

YOUNG,JESSE

03/07/2021

915310

Key West PD

YOUNG,JESSE,A

EVANS

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1Subject Sample 01:26 Subject Test Refused

0.000Breath Volume 01:26

0.000Air Blank 01:26

0.080Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:4810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:34

15:30

Monroe County SO

LONES,SHAUN

03/07/2021

915310

Monroe County SO

LONES,SHAUN,G

MYERS

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:55

0.000Air Blank 16:55

0.079Control Test 16:55

0.000Air Blank 16:56

# 1 0.224Subject Sample 16:57

2.066Breath Volume 16:57

0.000Air Blank 16:58

0.000Air Blank 17:00

# 2 0.219Subject Sample 17:02

1.468Breath Volume 17:02

0.000Air Blank 17:02

0.079Control Test 17:03

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:2910/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:15

Key West PD

TELLIER,JEREMY

03/07/2021

915310

Key West PD

HUDSON,ANDREW,J

HOGUE

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000868CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4510/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

23:58

Key West PD

YOUNG,JESSE

03/07/2021

915310

Key West PD

YOUNG,JESSE,A

PARDO LARA

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.169Subject Sample 01:07

1.890Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.166Subject Sample 01:11

1.589Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/11/2018 09:51

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0410/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:03

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

SHOTWELL

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:56

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2710/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:35

Monroe County SO

SWOGGER,EDWARD

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

KELLEY

09/06/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:17

# 1 0.000Subject Sample 23:18

2.007Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.000Subject Sample 23:21

1.968Breath Volume 23:21

0.000Air Blank 23:21

0.082Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 10/04/2018 08:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:1710/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:52

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

CLARK

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.081Control Test 00:23

0.000Air Blank 00:23

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:24

0.082Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:2410/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:39

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

SCHNEIDER

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.082Control Test 23:16

0.000Air Blank 23:17

# 1 0.106Subject Sample 23:17

2.582Breath Volume 23:17

Air Blank 23:17 RFI Detect

0.000Air Blank 23:18

0.082Control Test 23:18

Air Blank 23:19 RFI Detect

Air Blank 23:19 RFI Detect

Data Download Date/Time: 11/01/2018 13:57

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:1310/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:39

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

SCHNEIDER

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:27

# 1 0.095Subject Sample 23:27

2.683Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.096Subject Sample 23:30

2.777Breath Volume 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:37

Monroe County SO

MALETA,MICHAEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

HOYOS

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:45

# 1 0.000Subject Sample 02:46

2.464Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.000Subject Sample 02:49

2.718Breath Volume 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5510/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:19

Monroe County SO

GUIEB,ANTONIO

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

GUNTER

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

# 1 0.246Subject Sample 23:20

2.199Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.245Subject Sample 23:23

2.097Breath Volume 23:23

0.000Air Blank 23:24

0.081Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2510/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

22:00

Monroe County SO

SWOGGER,EDWARD

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

SORDO

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.081Control Test 22:32

0.000Air Blank 22:33

# 1 0.160Subject Sample 22:36

1.367Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.132Subject Sample 22:42 Volume Not Met

0.765Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:44

# 3 0.162Subject Sample 22:46

1.832Breath Volume 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:33

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

HERRERA TITEUX

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.081Control Test 04:05

0.000Air Blank 04:05

# 1Subject Sample 04:05 Subject Test Refused

0.000Breath Volume 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1010/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:55

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

GAITHER

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:25

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 11/01/2018 13:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:3710/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:21

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

PIPPEN

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.081Control Test 22:59

0.000Air Blank 23:00

# 1Subject Sample 23:00 Subject Test Refused

0.000Breath Volume 23:00

0.000Air Blank 23:00

0.082Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 11/01/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:2110/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:31

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

KELLEY

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.082Control Test 04:29

0.000Air Blank 04:30

# 1Subject Sample 04:32 Subject Test Refused

0.000Breath Volume 04:32

0.000Air Blank 04:33

0.081Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 11/01/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2910/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:51

Monroe County SO

DANIELS,WILLIAM

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

HASENAUER

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.081Control Test 23:35

0.000Air Blank 23:36

# 1 0.186Subject Sample 23:37

2.898Breath Volume 23:37

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.179Subject Sample 23:39

1.613Breath Volume 23:39

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 11/01/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5410/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:47

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

RINGEMANN

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.082Control Test 00:20

0.000Air Blank 00:21

# 1Subject Sample 00:21 Subject Test Refused

0.000Breath Volume 00:21

0.000Air Blank 00:22

0.081Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 11/01/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2910/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:28

23:18

Monroe County SO

MORALES,VICTOR

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

PELLEGRINI

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.082Control Test 23:49

0.000Air Blank 23:49

# 1 0.042Subject Sample 23:50

1.421Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.042Subject Sample 23:53

2.472Breath Volume 23:53

0.000Air Blank 23:54

0.084Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 11/01/2018 13:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000870CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2510/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:21

Monroe County SO

MOLINA,IGNACIO

10/05/2020

823252

Monroe County SO

MOLINA,IGNACIO,

DEAN

09/05/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.082Control Test 03:11

0.000Air Blank 03:12

# 1Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 10/03/2018 14:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000873CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:4210/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:36

Miami PD

NAVA,P

12/10/2018

203498

Miami PD

GONZALEZ,M,

VIVAS

09/30/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:58

0.080Control Test 03:59

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 10/30/2018 17:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:4510/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:32

15:32

Miami PD

PASTOR,JOSE

12/10/2018

203498

Miami PD

PASTOR,JOSE,F

MARTINEZ

09/30/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:28

0.079Control Test 16:28

0.000Air Blank 16:29

# 1Subject Sample 16:29 Subject Test Refused

0.000Breath Volume 16:29

0.000Air Blank 16:29

0.078Control Test 16:30

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 10/30/2018 16:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000874CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:1910/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:45

19:45

Miami PD

PASTOR,JOSE

12/10/2018

203498

Miami PD

PASTOR,JOSE,F

SAEZ

09/30/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:14

0.000Air Blank 19:15

0.078Control Test 19:15

0.000Air Blank 19:16

# 1 0.070Subject Sample 19:18

1.609Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2Subject Sample 19:20 Subject Test Refused

0.000Breath Volume 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 10/30/2018 16:48

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:0010/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:31

Homestead PD

SINCORE,MICHAEL

06/17/2018

1870563

Homestead PD

SINCORE,MICHAEL,A

RAMOSDOMINGO

10/23/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.082Control Test 00:02

0.000Air Blank 00:03

# 1 0.140Subject Sample 00:06 Volume Not Met

1.167Breath Volume 00:06

Air Blank 00:07 Purge Fail

0.000Air Blank 00:08

Data Download Date/Time: 11/27/2018 15:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000878CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:4810/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:31

Homestead PD

SINCORE,MICHAEL

06/17/2018

1870563

Homestead PD

SINCORE,MICHAEL,A

RAMOSDOMINGO

10/23/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.082Control Test 00:13

0.000Air Blank 00:13

# 1 0.176Subject Sample 00:16

1.359Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.172Subject Sample 00:20

1.359Breath Volume 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 11/27/2018 15:12

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:4910/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:00

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

HERNANDEZ

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.081Control Test 21:01

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:02

0.079Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0310/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:39

OTHER Local

BLANCO,BRYAN

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

GOMEZ

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

# 1 0.235Subject Sample 03:23

2.988Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.253Subject Sample 03:26

2.203Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

Air Blank 03:27 RFI Detect

Air Blank 03:28 RFI Detect

Data Download Date/Time: 10/25/2018 08:15

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4810/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:42

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

DOUGLAS

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:30

# 1 0.222Subject Sample 22:32

1.722Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.212Subject Sample 22:36

1.582Breath Volume 22:36

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:0610/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:11

OTHER Local

HODGES,TITUS

02/05/2020

34917080A4

OTHER Local

HODGES,TITUS,R

DOUGLAS

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:36

# 1 0.207Subject Sample 00:38

1.230Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.208Subject Sample 00:43

1.449Breath Volume 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:31:5910/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

07:23

OTHER Local

BARBER,BUDDY

02/05/2020

34917080A4

OTHER Local

TAMAYO,KEVIN,X

SHAHIN

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:31

Air Blank 09:31 RFI Detect

0.000Air Blank 09:31

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:36:3510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

07:23

OTHER Local

BARBER,BUDDY

02/05/2020

34917080A4

OTHER Local

TAMAYO,KEVIN,X

SHAHIN

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:33

0.000Air Blank 09:34

0.080Control Test 09:34

0.000Air Blank 09:35

# 1Subject Sample 09:35 Subject Test Refused

0.000Breath Volume 09:35

0.000Air Blank 09:35

0.079Control Test 09:35

0.000Air Blank 09:36

OKDiagnostics Check 09:36

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:2610/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

18:29

OTHER Local

ROMERO,CARLOS

02/05/2020

34917080A4

OTHER Local

ROMERO,CARLOS,A

FREEMAN

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.081Control Test 19:25

0.000Air Blank 19:25

# 1 0.233Subject Sample 19:26

2.027Breath Volume 19:26

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.237Subject Sample 19:29

1.355Breath Volume 19:29

0.000Air Blank 19:30

0.079Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0110/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:20

Miami-Dade PD

ADAMS,STEVEN

02/05/2020

34917080A4

Miami-Dade PD

ADAMS,STEVEN,L

HUSSAIN

09/03/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:04

Data Download Date/Time: 10/25/2018 08:15

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:1110/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

20:00

Miami-Dade PD

CASTILLO,CHRISTIAN

02/05/2020

34917080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

YANES

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.081Control Test 20:54

0.000Air Blank 20:55

# 1 0.260Subject Sample 20:56

1.851Breath Volume 20:56

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.244Subject Sample 21:00

1.246Breath Volume 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 11/08/2018 09:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:2310/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:42

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

NAVARRO

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:10

0.000Air Blank 04:10

# 1 0.119Subject Sample 04:10

5.136Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.130Subject Sample 04:13

4.851Breath Volume 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 11/08/2018 09:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2310/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:42

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

NAVARRO

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.129Subject Sample 04:18

5.335Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.130Subject Sample 04:21

5.468Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 11/08/2018 09:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5710/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:02

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

MALDONADO-SANTANDER

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.061Subject Sample 01:34

4.160Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.063Subject Sample 01:37

4.617Breath Volume 01:37

0.000Air Blank 01:38

0.081Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/08/2018 09:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:4310/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:03

17:00

Aventura PD

HELFNER,ISAAC

02/05/2020

34917080A4

Aventura PD

HELFNER,ISAAC,S

TAYLOR

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:32

0.078Control Test 17:32

0.000Air Blank 17:32

# 1 0.222Subject Sample 17:34

1.703Breath Volume 17:34

0.000Air Blank 17:34

0.000Air Blank 17:36

# 2 0.210Subject Sample 17:37

2.136Breath Volume 17:37

0.000Air Blank 17:37

0.077Control Test 17:38

0.000Air Blank 17:38

OKDiagnostics Check 17:38

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:0310/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:51

Aventura PD

BURNS,JEFFERY

02/05/2020

34917080A4

Aventura PD

HELFNER,ISAAC,S

LACEY

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:13

0.077Control Test 21:13

0.000Air Blank 21:13

# 1 0.264Subject Sample 21:14

2.773Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:16

# 2 0.273Subject Sample 21:17

3.203Breath Volume 21:17

0.000Air Blank 21:18

0.077Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:19

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:4210/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:40

Aventura PD

ESTARD,BRANDON

02/05/2020

34917080A4

Sunny Isles Beach PD

HELFNER,ISAAC,S

FRUTOS

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.078Control Test 23:11

0.000Air Blank 23:11

# 1 0.185Subject Sample 23:12

1.265Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.176Subject Sample 23:16

1.578Breath Volume 23:16

0.000Air Blank 23:16

0.078Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4810/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:15

Miami Shores PD

MCWILLIAMS,TERRENCE

02/05/2020

34917080A4

Miami Shores PD

MCWILLIAMS,TERRENCE,R

CATILUS

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:06

0.079Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:2710/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:15

Miami Shores PD

MCWILLIAMS,TERRENCE

02/05/2020

34917080A4

Miami Shores PD

MCWILLIAMS,TERRENCE,R

CATILUS

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:10

# 1Subject Sample 05:11 Subject Test Refused

0.000Breath Volume 05:11

0.000Air Blank 05:11

0.078Control Test 05:11

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:54:3510/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:15

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

HOEHN

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.079Control Test 08:43

0.000Air Blank 08:44

# 1Subject Sample 08:47 No Sample Provided

0.000Breath Volume 08:47

0.000Air Blank 08:47

0.000Air Blank 08:49

# 2 0.121Subject Sample 08:53 Volume Not Met

0.171Breath Volume 08:53

0.000Air Blank 08:53

0.078Control Test 08:53

0.000Air Blank 08:54

OKDiagnostics Check 08:54

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:08:1710/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:50

07:15

Miami-Dade PD

PACHECO,GEORGE

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

HOEHN

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:59

0.000Air Blank 08:59

0.077Control Test 08:59

0.000Air Blank 09:00

# 1 0.138Subject Sample 09:02

2.363Breath Volume 09:02

0.000Air Blank 09:03

0.000Air Blank 09:05

# 2 0.128Subject Sample 09:06

1.687Breath Volume 09:06

0.000Air Blank 09:07

0.077Control Test 09:07

0.000Air Blank 09:08

OKDiagnostics Check 09:08

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:45

Sunny Isles Beach PD

KONETZ,KONETZ

02/05/2020

34917080A4

Sunny Isles Beach PD

KONETZ,JONATHAN,D

MOREIRA ARANGO

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

# 1 0.215Subject Sample 01:19

1.835Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.216Subject Sample 01:22

2.972Breath Volume 01:22

0.000Air Blank 01:23

0.076Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3110/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:02

Miami-Dade PD

DELGADO,MIGUEL

02/05/2020

34917080A4

Miami-Dade PD

PACHECO,GEORGE,

SALAZAR

09/03/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.079Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.078Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/25/2018 08:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:0410/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

04:21

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

VIRGIN

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.079Control Test 04:53

0.000Air Blank 04:54

# 1 0.187Subject Sample 04:54

2.117Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:56

# 2 0.186Subject Sample 04:57

3.316Breath Volume 04:57

0.000Air Blank 04:58

0.079Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:59

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0210/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

01:02

Miami-Dade PD

TAPANES,R

02/05/2020

34917080A4

Miami-Dade PD

TAPANES,R,

RUBIO

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:38

0.000Air Blank 01:38

# 1 0.105Subject Sample 01:39

2.984Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.104Subject Sample 01:42

2.445Breath Volume 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:44

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0110/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:47

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

NAVA-PATINO

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.078Control Test 04:31

0.000Air Blank 04:31

# 1 0.110Subject Sample 04:32

1.484Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:34

# 2 0.111Subject Sample 04:35

1.957Breath Volume 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5910/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:11

Miami-Dade PD

PHILPOT,C

02/05/2020

34917080A4

Miami-Dade PD

PHILPOT,C,

CRAWFORD

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.078Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:08

0.077Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:3410/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:32

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

LUIS-VICTOR

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.079Control Test 05:15

0.000Air Blank 05:15

# 1 0.196Subject Sample 05:17

1.996Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:19

# 2Subject Sample 05:20 RFI Detect

0.000Breath Volume 05:20

0.000Air Blank 05:20

0.077Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2310/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:46

04:32

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

LUIS-VICTOR

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.078Control Test 05:24

0.000Air Blank 05:24

# 1 0.194Subject Sample 05:25

2.140Breath Volume 05:25

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.189Subject Sample 05:28

2.144Breath Volume 05:28

0.000Air Blank 05:29

0.078Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:1810/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:55

Miami-Dade PD

SLIMAK,M

02/05/2020

34917080A4

Miami-Dade PD

SLIMAK,M,

MULLINSFLORES

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:41

0.000Air Blank 01:41

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2410/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:39

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

ROMAY

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.076Control Test 03:46

0.000Air Blank 03:46

# 1Subject Sample 03:48 Subject Test Refused

0.000Breath Volume 03:48

0.000Air Blank 03:48

0.077Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/26/2018 10:32

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:3710/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:30

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

GONZALEZ

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

Air Blank 05:10 RFI Detect

0.000Air Blank 05:10

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5510/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:30

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

GONZALEZ

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.079Control Test 05:13

0.000Air Blank 05:13

# 1 0.230Subject Sample 05:13

1.722Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.235Subject Sample 05:17

2.621Breath Volume 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5510/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:47

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

MARTINEZ

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.079Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:5910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:21

Miami-Dade PD

BOBADILLA,J

02/05/2020

34917080A4

Miami-Dade PD

MARTOS,J,

BARDOUTSOS

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.077Control Test 21:51

0.000Air Blank 21:51

# 1 0.189Subject Sample 21:54

1.570Breath Volume 21:54

Air Blank 21:55 Purge Fail

Air Blank 21:55 Purge Fail

Data Download Date/Time: 10/26/2018 10:18

13 December 2018

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:3210/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:21

Miami-Dade PD

BOBADILLA,J

02/05/2020

34917080A4

Miami-Dade PD

MARTOS,J,

BARDDOUTSOS

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.077Control Test 21:58

0.000Air Blank 21:59

# 1 0.156Subject Sample 22:02 Volume Not Met

0.945Breath Volume 22:02

Air Blank 22:02 Purge Fail

0.000Air Blank 22:03

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:21

Miami-Dade PD

BOBADILLA,J

02/05/2020

34917080A4

Miami-Dade PD

MARTOS,J,

BARDOUTSOS

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.076Control Test 22:06

0.000Air Blank 22:06

# 1 0.174Subject Sample 22:08

1.472Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.171Subject Sample 22:11

1.191Breath Volume 22:11

0.000Air Blank 22:12

0.075Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:0510/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:00

Miami-Dade PD

SUAREZ,CARLOS

02/05/2020

34917080A4

Miami-Dade PD

SUAREZ,CARLOS,A

GONZALEZ

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

# 1Subject Sample 05:06 No Sample Provided

0.000Breath Volume 05:06

0.000Air Blank 05:06

0.000Air Blank 05:08

# 2Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:1610/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:55

Miami-Dade PD

GOMEZ,LUIS

02/05/2020

34917080A4

Miami-Dade PD

SUAREZ,CARLOS,A

ACOSTA

09/04/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/26/2018 10:18

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:5410/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

00:08

North Miami Beach PD

MENDEZ,MICHAEL

07/05/2019

12317080A3

North Miami Beach PD

AJO,MICHAEL,D

HUSEYNOV

09/30/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.077Control Test 00:31

0.000Air Blank 00:31

# 1 0.246Subject Sample 00:35

1.570Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.245Subject Sample 00:39

1.441Breath Volume 00:39

0.000Air Blank 00:39

0.074Control Test 00:40 Control Outside Tolerance

0.000Air Blank 00:40

Data Download Date/Time: 10/26/2018 00:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3110/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:37

North Miami Beach PD

DORIVAL,PHANEL

07/05/2019

12317080A3

North Miami Beach PD

PINEDA,MIGUEL,A

CLOONAN

09/30/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.076Control Test 00:23

0.000Air Blank 00:23

# 1 0.171Subject Sample 00:27 Volume Not Met

0.546Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.213Subject Sample 00:30

1.226Breath Volume 00:30

0.000Air Blank 00:31

0.000Air Blank 00:33

# 3 0.218Subject Sample 00:34

2.015Breath Volume 00:34

0.000Air Blank 00:35

0.077Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 10/26/2018 00:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:1810/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:06

North Miami Beach PD

BOURBON,BRADLEY

07/05/2019

12317080A3

North Miami Beach PD

PINEDA,MIGUEL,A

LIMA REYES

09/30/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.078Control Test 02:54

0.000Air Blank 02:54

# 1 0.180Subject Sample 02:56

2.589Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.174Subject Sample 02:59

2.218Breath Volume 02:59

0.000Air Blank 03:00

0.078Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 10/26/2018 00:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:52:2310/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:29

North Miami Beach PD

NELSON,JETRO

07/05/2019

12317080A3

North Miami Beach PD

NELSON,JETRO,

LEVI

09/30/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:45

0.000Air Blank 08:45

0.078Control Test 08:45

0.000Air Blank 08:46

# 1 0.145Subject Sample 08:47

1.925Breath Volume 08:47

0.000Air Blank 08:48

0.000Air Blank 08:50

# 2 0.139Subject Sample 08:50

1.472Breath Volume 08:50

0.000Air Blank 08:51

0.077Control Test 08:51

0.000Air Blank 08:52

OKDiagnostics Check 08:52

Data Download Date/Time: 10/26/2018 00:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:3010/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

16:22

FHP Troop F

HERNANDEZ,KEVIN

06/05/2020

10818080A4

FHP Troop F

HERNANDEZ,KEVIN,E

JONES

09/05/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.080Control Test 19:17

0.000Air Blank 19:17

# 1 0.174Subject Sample 19:18

3.316Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.168Subject Sample 19:20

3.593Breath Volume 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 10/03/2018 09:58

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:5410/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:40

Lee County SO

SCHILKE,CARL

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

JARVIS

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.208Subject Sample 01:38

1.917Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.208Subject Sample 01:41

1.882Breath Volume 01:41

0.000Air Blank 01:41

0.080Control Test 01:42

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:2310/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:58

Lee County SO

HIDEG,J

06/05/2020

10818080A4

Lee County SO

MEYERS,F,E

GODINEZ

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

# 1 0.017Subject Sample 21:58

1.359Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.016Subject Sample 22:01

2.257Breath Volume 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:2510/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:07

Lee County SO

HALL,CHRISTINE

06/05/2020

10818080A4

Lee County SO

HALL,CHRISTINE,

TESAR

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.174Subject Sample 01:13

1.875Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.174Subject Sample 01:16

1.855Breath Volume 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3910/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:14

Lee County SO

ROSE,MICHELLE

06/05/2020

10818080A4

Sanibel PD

BELL,JOSEPH,G

STRELINSKI

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

# 1 0.195Subject Sample 03:39

1.925Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.197Subject Sample 03:43

1.339Breath Volume 03:43

0.000Air Blank 03:43

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:3810/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

19:25

Lee County SO

STEVENS,LAUREN

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

CORDOVA CABALLERO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:18

0.000Air Blank 21:19

0.081Control Test 21:19

0.000Air Blank 21:19

# 1 0.196Subject Sample 21:20

2.402Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.198Subject Sample 21:25

2.019Breath Volume 21:25

0.000Air Blank 21:26

0.082Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4210/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:02

Lee County SO

DUNCAN,N

06/05/2020

10818080A4

Lee County SO

DUNCAN,N,

REBOLLOSO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1 0.127Subject Sample 01:51

1.527Breath Volume 01:51

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2 0.120Subject Sample 01:54

1.457Breath Volume 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:37:5510/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:22

Lee County SO

ANDERSON,K

06/05/2020

10818080A4

Lee County SO

BURLEY,JUSTIN,L

RODRIGUEZ-MALDONADO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:31

0.000Air Blank 07:31

0.081Control Test 07:31

0.000Air Blank 07:32

# 1 0.145Subject Sample 07:33

1.957Breath Volume 07:33

0.000Air Blank 07:33

0.000Air Blank 07:35

# 2 0.157Subject Sample 07:36

2.527Breath Volume 07:36

0.000Air Blank 07:36

0.081Control Test 07:37

0.000Air Blank 07:37

OKDiagnostics Check 07:37

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5310/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:01

Lee County SO

SCHILKE,CARL

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

WIESEMANN

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.081Control Test 22:06

0.000Air Blank 22:06

# 1 0.122Subject Sample 22:07

3.148Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.123Subject Sample 22:10

2.851Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2810/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:21

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

PAUL

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

# 1 0.153Subject Sample 03:17

2.035Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.158Subject Sample 03:20

1.316Breath Volume 03:20

0.000Air Blank 03:21

0.081Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3610/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:34

Lee County SO

WINCELOWICZ,LARRY

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

JAIMET

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.159Subject Sample 23:37

3.132Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.161Subject Sample 23:41

2.343Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:0110/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:30

FHP Troop F

FARRIS,MICHAEL

06/05/2020

10818080A4

FHP Troop F

FARRIS,MICHAEL,T

PRICE

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.091Subject Sample 02:14

1.953Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:16

# 2 0.095Subject Sample 02:17

1.648Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:19

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1610/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:04

Lee County SO

BARRETO,R

06/05/2020

10818080A4

Lee County SO

BROWN,EARTHEN,A

VOUGH

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.220Subject Sample 02:55

2.015Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.209Subject Sample 02:58

2.246Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:1010/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:07

Lee County SO

BONSALL,MATTHEW

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

ALONZO MATEO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:01

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

# 1 0.253Subject Sample 23:03

1.531Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.245Subject Sample 23:06

1.828Breath Volume 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0310/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:37

Lee County SO

GOULD,LEONARD

06/05/2020

10818080A4

Lee County SO

GOULD,LEONARD,

AYBAR RODRIGUEZ

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

# 1 0.211Subject Sample 23:53

3.105Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.200Subject Sample 23:56

1.664Breath Volume 23:56

0.000Air Blank 23:57

0.078Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4310/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:50

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

BAHASH

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.080Control Test 00:27

0.000Air Blank 00:27

# 1 0.189Subject Sample 00:28

4.234Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.189Subject Sample 00:31

4.074Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:32:3910/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:39

Lee County SO

STROBEL,RAYMOND

06/05/2020

10818080A4

Lee County SO

STROBEL,RAYMOND,R

BOARDMAN

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:26

0.000Air Blank 13:26

0.080Control Test 13:26

0.000Air Blank 13:27

# 1 0.258Subject Sample 13:28

1.835Breath Volume 13:28

0.000Air Blank 13:28

0.000Air Blank 13:30

# 2 0.251Subject Sample 13:31

1.523Breath Volume 13:31

0.000Air Blank 13:31

0.080Control Test 13:32

0.000Air Blank 13:32

OKDiagnostics Check 13:32

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3610/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:17

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

MENDEZ

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:08

0.081Control Test 01:09

0.000Air Blank 01:09

# 1 0.208Subject Sample 01:10

1.699Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.213Subject Sample 01:13

1.464Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 11/14/2018 09:38

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:3310/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:23

Fort Myers PD

PINEDA,CHRISTIAN

06/05/2020

10818080A4

FL Gulf Coast UPD

WITT,KELLY,

WHITE

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

# 1 0.128Subject Sample 02:49

2.324Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.133Subject Sample 02:52

3.011Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:2210/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:45

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

RITCHIE

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.081Control Test 00:19

0.000Air Blank 00:19

# 1 0.109Subject Sample 00:20

2.464Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.108Subject Sample 00:23

2.664Breath Volume 00:23

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:2910/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:12

Lee County SO

CASOLA,MATT

06/05/2020

10818080A4

Sanibel PD

BELL,JOSEPH,G

GOLDEN

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:46

# 1 0.166Subject Sample 19:47

2.085Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:49

# 2 0.164Subject Sample 19:50

1.843Breath Volume 19:50

0.000Air Blank 19:51

0.080Control Test 19:51

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5010/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:28

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

WARD

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1 0.161Subject Sample 03:11

1.988Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.176Subject Sample 03:14

1.914Breath Volume 03:14

0.000Air Blank 03:14

0.078Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3710/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:35

Fort Myers PD

WALSH,L

06/05/2020

10818080A4

Fort Myers PD

BEINER,RYAN,T

OXLAJ ORDONEZ

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1 0.211Subject Sample 03:26

1.253Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.200Subject Sample 03:30

1.718Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4610/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:43

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

VALDES

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.081Control Test 01:21

0.000Air Blank 01:21

# 1 0.164Subject Sample 01:22

3.484Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.159Subject Sample 01:25

3.234Breath Volume 01:25

0.000Air Blank 01:25

0.081Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:4110/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

22:41

Lee County SO

BONSALL,MATTHEW

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

SHEARER

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:25

# 1 0.196Subject Sample 23:26

1.957Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.196Subject Sample 23:29

2.109Breath Volume 23:29

0.000Air Blank 23:29

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5710/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:09

FHP Troop F

ADAMS,JAMES

06/05/2020

10818080A4

FHP Troop F

ADAMS,JAMES,R

BARROWS

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.081Control Test 01:10

0.000Air Blank 01:10

# 1 0.000Subject Sample 01:11

6.117Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:14

5.398Breath Volume 01:14

0.000Air Blank 01:14

0.080Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:4110/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:44

Lee County SO

MOILANEN,LEO

06/05/2020

10818080A4

FL Gulf Coast UPD

BELL,JOSEPH,G

MATTESON

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:24

# 1 0.205Subject Sample 02:25

1.207Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.197Subject Sample 02:29

2.644Breath Volume 02:29

0.000Air Blank 02:29

0.081Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:2410/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:35

Lee County SO

SELIKOVIC,ADNAN

06/05/2020

10818080A4

Lee County SO

AVENDANO,JUAN,M

ALFONSO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:41

0.081Control Test 01:42

0.000Air Blank 01:42

# 1 0.133Subject Sample 01:43

2.816Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 2 0.132Subject Sample 01:46

1.332Breath Volume 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:5110/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:02

Lee County SO

LINDHOLM,JOHN

06/05/2020

10818080A4

Lee County SO

LINDHOLM,JOHN,T

GRIMES

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

# 1 0.000Subject Sample 22:03

2.140Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.000Subject Sample 22:06

2.179Breath Volume 22:06

0.000Air Blank 22:06

0.081Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:0310/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

03:59

Fort Myers PD

WITT,KELLY

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

LO BIANCO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1 0.000Subject Sample 04:49

3.187Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.000Subject Sample 04:52

1.488Breath Volume 04:52

0.000Air Blank 04:53

0.081Control Test 04:53

0.000Air Blank 04:53

OKDiagnostics Check 04:54

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:3410/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:43

Lee County SO

GOULD,LEONARD

06/05/2020

10818080A4

Lee County SO

GOULD,LEONARD,

MARTIN

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.081Control Test 23:34

0.000Air Blank 23:34

# 1 0.096Subject Sample 23:35

2.855Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.096Subject Sample 23:38

2.804Breath Volume 23:38

0.000Air Blank 23:38

0.081Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0610/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:44

Lee County SO

GIZZI,VINCENT

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

DALY

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.238Subject Sample 23:48

2.792Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.245Subject Sample 23:51

3.070Breath Volume 23:51

0.000Air Blank 23:52

0.080Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 11/14/2018 09:39

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:2410/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

19:05

19:00

Cape Coral PD

TEST,T

06/05/2020

1081080A4

Lee County SO

CLAFLIN,DAVID,S

TESTEE

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.078Control Test 19:36

0.000Air Blank 19:36

# 1 0.000Subject Sample 19:36

2.238Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.000Subject Sample 19:40

2.683Breath Volume 19:40

0.000Air Blank 19:40

0.078Control Test 19:40

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 11/14/2018 09:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2310/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:19

Collier County SO

DEAR,DALE

03/05/2019

03417080A2

Collier County SO

RUMLEY,JOSEPH,A

GILBERT

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:36

# 1 0.164Subject Sample 01:37

4.242Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.160Subject Sample 01:40

3.546Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/07/2018 12:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3610/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:52

Collier County SO

DEAR,DALE

03/05/2019

03417080A2

Collier County SO

RUMLEY,JOSEPH,A

MEYER

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.079Control Test 00:59

0.000Air Blank 00:59

# 1 0.252Subject Sample 01:00

3.066Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.251Subject Sample 01:03

2.546Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 11/07/2018 12:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:3310/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:07

Collier County SO

CANNISTRA,J

03/05/2019

03417080A2

Collier County SO

KRING,JAMES,E

GABRIELSANCHEZ

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.078Control Test 00:30

0.000Air Blank 00:31

# 1 0.225Subject Sample 00:31

3.195Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.213Subject Sample 00:35

2.312Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 11/07/2018 12:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:3510/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:12

Collier County SO

MORERA,DELIANYS

03/05/2019

03417080A2

Collier County SO

RUMLEY,JOSEPH,A

PENA

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

# 1 0.145Subject Sample 23:13 Volume Not Met

0.578Breath Volume 23:13

0.000Air Blank 23:14

0.000Air Blank 23:15

# 2 0.204Subject Sample 23:16

1.500Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 3 0.195Subject Sample 23:20

1.691Breath Volume 23:20

0.000Air Blank 23:20

0.077Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 11/07/2018 12:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000942CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:0010/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:38

Collier County SO

TABARES,G

03/05/2019

03417080A2

Collier County SO

HARMON,C,A

PARNELL

10/02/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

# 1 0.290Subject Sample 21:44

1.214Breath Volume 21:44

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.290Subject Sample 21:47

1.339Breath Volume 21:47

0.000Air Blank 21:48

0.078Control Test 21:48

0.000Air Blank 21:48

OKDiagnostics Check 21:49

Data Download Date/Time: 11/07/2018 12:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:0710/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:58

FHP Troop F

GARCIA,YOEL

06/05/2020

10818080A6

FHP Troop F

GARCIA,YOEL,

RDRIGUEZ

09/03/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.080Control Test 05:11

0.000Air Blank 05:12

# 1 0.111Subject Sample 05:13

1.933Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.113Subject Sample 05:16

2.777Breath Volume 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 10/02/2018 14:05

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1610/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:10

Glades County SO

OKUPSKI,R

01/05/2020

31517080A1

Glades County SO

HERNANDEZ,JOEL,D

MATEO VALENTIN

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:51

# 1 0.092Subject Sample 04:51

1.277Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.096Subject Sample 04:54

1.382Breath Volume 04:54

0.000Air Blank 04:55

0.076Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 11/08/2018 16:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:5410/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

04:00

Glades County SO

OKUPSKI,J

01/05/2020

31517080A1

Glades County SO

BLANCO,A,

MATEO VALENTIN

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:50

0.078Control Test 16:50

0.000Air Blank 16:51

# 1 0.000Subject Sample 16:51

1.503Breath Volume 16:51

0.000Air Blank 16:52

0.000Air Blank 16:54

# 2 0.000Subject Sample 16:54

1.289Breath Volume 16:54

0.000Air Blank 16:54

0.078Control Test 16:55

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 11/08/2018 16:19

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:4710/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:15

Clewiston PD

GUTSHALL,NICHOLAS

02/05/2020

34917080A2

Clewiston PD

GUTSHALL,NICHOLAS,R

BARAHONA

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

# 1 0.218Subject Sample 21:14

1.988Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:16

# 2 0.217Subject Sample 21:17

2.789Breath Volume 21:17

0.000Air Blank 21:17

0.077Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 11/08/2018 16:10

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2510/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

22:21

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

GUSTAFSON

09/05/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.081Control Test 22:30

0.000Air Blank 22:30

# 1 0.139Subject Sample 22:31

1.898Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.138Subject Sample 22:34

1.449Breath Volume 22:34

0.000Air Blank 22:34

0.000Control Test 22:34 RFI Detect

0.000Air Blank 22:35

Data Download Date/Time: 10/30/2018 11:06

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000950CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:3210/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:21

Havana PD

LEWIS,KENNETH

12/05/2019

29017080A3

Havana PD

LEWIS,KENNETH,G

MASDEU

10/25/2018

8100.27

HAVANA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:00

0.000Air Blank 19:00

0.076Control Test 19:01

0.000Air Blank 19:01

# 1 0.319Subject Sample 19:02

1.980Breath Volume 19:02

0.000Air Blank 19:03

0.000Air Blank 19:05

# 2 0.311Subject Sample 19:05

1.894Breath Volume 19:05

0.000Air Blank 19:06

0.072Control Test 19:06 Control Outside Tolerance

0.000Air Blank 19:07

Data Download Date/Time: 11/26/2018 12:11

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:1810/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:42

FHP Troop L

TODD,ZION

01/31/2020

686331

FHP Troop L

TODD,ZION,D

SMITH

10/19/2018

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.079Control Test 02:35

0.000Air Blank 02:35

# 1 0.175Subject Sample 02:36

3.199Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.164Subject Sample 02:39

3.140Breath Volume 02:39

0.000Air Blank 02:40

0.078Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 11/12/2018 11:16

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:2110/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:45

Wakulla County SO

HENING,FREDRICK

05/05/2019

06717080A6

FHP Troop H

PAUL,TAYLOR,N

SLOAN

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.079Control Test 00:54

0.000Air Blank 00:54

# 1 0.126Subject Sample 00:55

1.410Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:57

# 2 0.119Subject Sample 00:58

1.156Breath Volume 00:58

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 10/08/2018 11:00

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0010/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:08

FFWCC (Panama City)

HUGHES,BRYANT

05/05/2019

06717080A6

FFWCC (Panama City)

HUGHES,BRYANT,D

RIVERA

09/17/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:17

# 1 0.227Subject Sample 22:18

2.453Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.227Subject Sample 22:21

2.460Breath Volume 22:21

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:23

Data Download Date/Time: 10/08/2018 11:00

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:5210/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:42

16:50

FHP Troop H

HEDGES,MATTHEW

05/05/2019

06717080A6

Wakulla County SO

TEMPLIN,RICHARD,P

YOUNG

10/08/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.081Control Test 18:23

0.000Air Blank 18:23

# 1Subject Sample 18:25 Subject Test Refused

0.628Breath Volume 18:25

0.000Air Blank 18:25

0.082Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 11/15/2018 10:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0710/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:32

Orange County SO

FIGUEROA,HECTOR

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

SOTO REVOLORIO

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.081Control Test 00:16

0.000Air Blank 00:16

# 1 0.172Subject Sample 00:19 Volume Not Met

0.101Breath Volume 00:19

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.201Subject Sample 00:25 Volume Not Met

0.441Breath Volume 00:25

0.000Air Blank 00:26

0.079Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1810/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:05

Orange County SO

PEERS,MICHAEL

11/05/2018

26316080A1

Orange County SO

DAVIS,COURTNEY,L

FREDERICK

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

# 1 0.000Subject Sample 03:47 Volume Not Met

0.066Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.197Subject Sample 03:51

1.578Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 3 0.150Subject Sample 03:56 Volume Not Met

0.929Breath Volume 03:56

0.000Air Blank 03:57

0.081Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4010/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

03:05

Orange County SO

PEERS,MICHAEL

11/05/2018

26316080A1

Orange County SO

DAVIS,COURTNEY,L

FREDERICK

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.080Control Test 04:00

0.000Air Blank 04:00

# 1 0.182Subject Sample 04:01

1.152Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:03

# 2 0.179Subject Sample 04:05

1.949Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0910/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:52

Orange County SO

DE NIJS,SAMIRA

11/05/2018

26316080A1

Winter Garden PD

KOSH,TOBI,J

ALMARAZ MARIN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.081Control Test 21:57

0.000Air Blank 21:58

# 1 0.191Subject Sample 21:59

2.789Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:01

# 2 0.187Subject Sample 22:02

2.929Breath Volume 22:02

0.000Air Blank 22:03

0.081Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:3910/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:17

16:24

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

MELVILLE,KELLY,M

PAVLICK

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:40

0.000Air Blank 17:41

0.082Control Test 17:41

0.000Air Blank 17:41

# 1 0.153Subject Sample 17:42

2.187Breath Volume 17:42

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.143Subject Sample 17:45

1.628Breath Volume 17:45

0.000Air Blank 17:45

0.080Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3410/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:06

Orange County SO

SANTIAGO,WILLIAM

11/05/2018

26316080A1

Maitland PD

TIAMSON,DAWN,P

UNGARO

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

# 1 0.139Subject Sample 02:53

1.375Breath Volume 02:53

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.132Subject Sample 02:57

1.636Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:0610/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:05

Orange County SO

SPEER,ANDREW

11/05/2018

26316080A1

Maitland PD

OKEEFE,ALEXIS,J

BAJUNE

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:03

0.000Air Blank 06:04

0.082Control Test 06:04

0.000Air Blank 06:05

# 1Subject Sample 06:08 No Sample Provided

0.000Breath Volume 06:08

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2Subject Sample 06:13 No Sample Provided

0.000Breath Volume 06:13

0.000Air Blank 06:14

0.081Control Test 06:14

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 10/04/2018 16:01

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:0810/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:10

Orange County SO

GAUTAM,ROBERT

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

ELLIS

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5610/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:51

Orange County SO

ELLER,ASHLEY

11/05/2018

26316080A1

Apopka PD

KOSH,TOBI,J

BENITEZ MARTINEZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:09

0.000Air Blank 23:09

# 1 0.179Subject Sample 23:10

1.132Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.179Subject Sample 23:13

4.089Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5510/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:54

Orange County SO

SIMPSON,JOSEPH

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

JUAREZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.119Subject Sample 02:50

3.761Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.121Subject Sample 02:53

3.921Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5910/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:30

Orange County SO

MORALES,JOSE

11/05/2018

26316080A1

Central FL Univ PD

DAVIS,COURTNEY,L

CHAVEZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.170Subject Sample 03:24

2.425Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.166Subject Sample 03:27

1.464Breath Volume 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:31:3710/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

07:26

Orange County SO

RAMOS,JULIO

11/05/2018

26316080A1

Orlando PD

RODRIGUEZ,MICHAEL,J

PRUITT

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:25

0.000Air Blank 08:25

0.081Control Test 08:26

0.000Air Blank 08:26

# 1 0.143Subject Sample 08:27

2.339Breath Volume 08:27

0.000Air Blank 08:27

0.000Air Blank 08:29

# 2 0.139Subject Sample 08:30

3.328Breath Volume 08:30

0.000Air Blank 08:30

0.080Control Test 08:31

0.000Air Blank 08:31

OKDiagnostics Check 08:31

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4110/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

00:09

Orange County SO

WHITE,DONALD

11/05/2018

26316080A1

Mount Dora PD

THOMPSON,CALEB,N

EVERING

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.082Control Test 03:07

0.000Air Blank 03:07

# 1 0.000Subject Sample 03:08

3.539Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.000Subject Sample 03:11

3.585Breath Volume 03:11

0.000Air Blank 03:11

0.082Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:2710/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:27

Orange County SO

ELLER,ASHLEY

11/05/2018

26316080A1

Apopka PD

THOMPSON,CALEB,N

ALVEREZHERNANDEZ

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.082Control Test 05:01

0.000Air Blank 05:01

# 1 0.192Subject Sample 05:02

2.187Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.194Subject Sample 05:05

1.750Breath Volume 05:05

0.000Air Blank 05:06

0.081Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4510/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:06

Orange County SO

JORGE,JUNIOR

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

HAGEN

09/17/2018

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.082Control Test 02:58

0.000Air Blank 02:58

# 1 0.147Subject Sample 02:59

2.730Breath Volume 02:59

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.144Subject Sample 03:02

2.488Breath Volume 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 10/09/2018 12:23

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:0510/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

16:29

Orange County SO

RAMIREZ,RAUL

11/05/2018

26316080A1

Orange County SO

MILLS,ARMAND,G

SCOTT

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:45

0.000Air Blank 17:46

0.078Control Test 17:46

0.000Air Blank 17:46

# 1 0.191Subject Sample 17:49 Volume Not Met

0.097Breath Volume 17:49

0.000Air Blank 17:50

0.000Air Blank 17:52

# 2 0.185Subject Sample 17:55 Volume Not Met

0.402Breath Volume 17:55

0.000Air Blank 17:56

0.078Control Test 17:56

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:00:3010/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:48

Orange County SO

RAMIREZ,JOSE

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

COUVERTIER

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:54

# 1 0.074Subject Sample 22:55

1.140Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.070Subject Sample 22:59

1.449Breath Volume 22:59

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 23:00

OKDiagnostics Check 23:00

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2510/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:10

Orange County SO

KELEMEN,JANOS

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

TAYLOR

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

# 1 0.308Subject Sample 01:02

3.144Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.321Subject Sample 01:04

3.332Breath Volume 01:04

0.000Air Blank 01:05

0.079Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1010/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

23:56

Orange County SO

ODEA,PATRICIA

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

PRINCIPATO

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

# 1 0.060Subject Sample 01:00

1.511Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.057Subject Sample 01:03

1.347Breath Volume 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4710/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:18

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

RUSHIN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.079Control Test 04:40

0.000Air Blank 04:40

# 1 0.214Subject Sample 04:41

1.511Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.218Subject Sample 04:44

2.089Breath Volume 04:44

0.000Air Blank 04:44

0.078Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:3910/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

23:46

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

WATTS

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.079Control Test 01:10

0.000Air Blank 01:10

# 1Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2Subject Sample 01:19 No Sample Provided

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0810/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:15

Orange County SO

ELLER,ASHLEY

11/05/2018

26316080A1

Apopka PD

ELBON,NICHOLAS,C

MARTINEZ

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

# 1 0.065Subject Sample 02:35

2.871Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.062Subject Sample 02:38

1.367Breath Volume 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0510/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:14

Orange County SO

CROCK,NICOLLE

11/05/2018

26316080A1

Edgewood PD

DENSON,TRAVIS,W

GUARIN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1 0.184Subject Sample 03:20

1.164Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.194Subject Sample 03:23

1.480Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:4910/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:01

Orange County SO

LOPZ,ARNALDO

11/05/2018

26316080A1

FHP Troop D

RODRIGUEZ,MICHAEL,J

JUSTISON

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.079Control Test 08:30

0.000Air Blank 08:30

# 1 0.000Subject Sample 08:31

4.308Breath Volume 08:31

0.000Air Blank 08:31

0.000Air Blank 08:33

# 2 0.000Subject Sample 08:34

4.175Breath Volume 08:34

0.000Air Blank 08:34

0.080Control Test 08:35

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4510/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:57

Orange County SO

HEBEL,GRIFFIN

11/05/2018

26316080A1

Windermere PD

OKEEFE,ALEXIS,J

NEGRON

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

# 1 0.202Subject Sample 00:57

1.445Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.204Subject Sample 01:00

1.246Breath Volume 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3410/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:50

Orange County SO

TORRES,EMMANUEL

11/05/2018

26316080A1

Central FL Univ PD

TIAMSON,DAWN,P

HAYES

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

# 1 0.190Subject Sample 03:59

1.828Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.185Subject Sample 04:03

1.683Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1310/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:46

Orange County SO

SCHOEN,ELLIS

11/05/2018

26316080A1

Winter Garden PD

THOMPSON,CALEB,N

AGOSTO

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

# 1 0.017Subject Sample 22:46

2.796Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.016Subject Sample 22:49

2.683Breath Volume 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:29:0610/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:52

14:57

Orange County SO

DRACH,STEFAN

11/05/2018

26316080A1

FHP Troop D

MELVILLE,KELLY,M

JACOBS

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.079Control Test 16:22

0.000Air Blank 16:23

# 1 0.242Subject Sample 16:24

1.394Breath Volume 16:24

0.000Air Blank 16:24

0.000Air Blank 16:26

# 2 0.239Subject Sample 16:27

1.335Breath Volume 16:27

0.000Air Blank 16:28

0.078Control Test 16:28

0.000Air Blank 16:29

OKDiagnostics Check 16:29

Data Download Date/Time: 10/18/2018 15:53

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:5110/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:31

Orange County SO

CORSO,ANTHONY

11/05/2018

26316080A1

Orange County SO

TIAMSON,DAWN,P

WALKER

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.079Control Test 03:43

0.000Air Blank 03:44

# 1 0.098Subject Sample 03:44

1.453Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.100Subject Sample 03:47

1.753Breath Volume 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:5610/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:39

Orange County SO

HAWKINS,DEBORAH

11/05/2018

26316080A1

FHP Troop D

DENSON,TRAVIS,W

ROSA

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:42

# 1 0.173Subject Sample 04:44

1.363Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.180Subject Sample 04:47

1.636Breath Volume 04:47

0.000Air Blank 04:48

0.078Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1010/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:32

Orange County SO

WIEBER,DANIEL

11/05/2018

26316080A1

Orange County SO

TIAMSON,DAWN,P

MOOREFIELD

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1 0.031Subject Sample 00:07

3.429Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.031Subject Sample 00:10

3.390Breath Volume 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:3510/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:28

Orange County SO

JARRETT,FEDERICO

11/05/2018

26316080A1

Winter Garden PD

DENSON,TRAVIS,W

KUHN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.079Control Test 04:31

0.000Air Blank 04:31

# 1 0.157Subject Sample 04:32

2.636Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.157Subject Sample 04:35

2.886Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2310/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:25

Orange County SO

BODE,JOSHUA

11/05/2018

26316080A1

Ocoee PD

OKEEFE,ALEXIS,J

LOPEZ MOREL

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:13

# 1 0.228Subject Sample 03:13

1.390Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.225Subject Sample 03:16

2.410Breath Volume 03:16

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1610/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:38

Orange County SO

MAYFIELD,JOHN

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

PIERRE

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.078Control Test 23:27

0.000Air Blank 23:27

# 1 0.255Subject Sample 23:30 Volume Not Met

0.214Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.249Subject Sample 23:36

1.402Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 3 0.245Subject Sample 23:40

1.562Breath Volume 23:40

0.000Air Blank 23:41

0.076Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1610/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:13

Orange County SO

GILZEN,MARCUS

11/05/2018

26316080A1

Apopka PD

THOMPSON,CALEB,N

CATES

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:24

# 1 0.140Subject Sample 03:28 Volume Not Met

0.394Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.311Subject Sample 03:32

5.117Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 3 0.296Subject Sample 03:35

3.812Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:2410/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:56

Orange County SO

POWELL,KRISTI

11/05/2018

26316080A1

FHP Troop D

THOMPSON,CALEB,N

RHODEN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.079Control Test 19:42

0.000Air Blank 19:42

# 1 0.200Subject Sample 19:43

1.175Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.193Subject Sample 19:45

2.699Breath Volume 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:44:1110/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:16

18:53

Orange County SO

RHYNES,JAMES

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

RADOSEVICH

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

# 1 0.244Subject Sample 19:39

2.796Breath Volume 19:39

0.000Air Blank 19:40

0.000Air Blank 19:42

# 2 0.244Subject Sample 19:42

3.246Breath Volume 19:42

0.000Air Blank 19:43

0.079Control Test 19:43

0.000Air Blank 19:44

OKDiagnostics Check 19:44

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3910/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:28

Orange County SO

ZITO,ANTHONY

11/05/2018

26316080A1

Orange County SO

TIAMSON,DAWN,P

SANDERSON

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

# 1 0.241Subject Sample 22:49

3.117Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.225Subject Sample 22:52

1.570Breath Volume 22:52

0.000Air Blank 22:52

0.079Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 10/25/2018 14:57

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:5110/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:22

Orange County SO

JORGE,JUNIOR

11/05/2018

26316080A1

Orange County SO

THOMPSON,CALEB,N

TROTTER

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.211Subject Sample 03:12

3.429Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.213Subject Sample 03:15

3.675Breath Volume 03:15

0.000Air Blank 03:15

0.078Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:0710/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:55

Orange County SO

CRUZ,AYLER

11/05/2018

26316080A1

Orange County SO

TIAMSON,DAWN,P

DOMINGUEZ

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

# 1 0.212Subject Sample 03:38

1.292Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.210Subject Sample 03:41

1.261Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2610/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:01

Orange County SO

DE NIJS,SAMIRA

11/05/2018

26316080A1

Winter Garden PD

DENSON,TRAVIS,W

HAUGWOUT

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.078Control Test 04:12

0.000Air Blank 04:12

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3510/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

21:03

Orange County SO

DAVILA,S

11/05/2018

26316080A1

Orlando PD

OKEEFE,ALEXIS,J

SYEROV

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.079Control Test 21:48

0.000Air Blank 21:48

# 1 0.289Subject Sample 21:49

3.851Breath Volume 21:49

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.299Subject Sample 21:52

4.132Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1110/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:30

Orange County SO

CSIZMADIA,ANDRAS

11/05/2018

26316080A1

Orange County SO

DAVIS,COURTNEY,L

OROSCO

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.078Control Test 02:23

0.000Air Blank 02:24

# 1 0.187Subject Sample 02:25

1.316Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.185Subject Sample 02:30

1.945Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0510/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:36

Orange County SO

HAWKINS,DEB

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

GRIFFITH

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.078Control Test 02:59

0.000Air Blank 03:00

# 1 0.218Subject Sample 03:01

2.046Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.208Subject Sample 03:04

2.492Breath Volume 03:04

0.000Air Blank 03:05

0.078Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2010/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

04:07

Orange County SO

NUNEZ,ANDREW

11/05/2018

26316080A1

Orange County SO

DAVIS,COURTNEY,L

TIRADOAGOSTO

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.079Control Test 04:56

0.000Air Blank 04:57

# 1 0.189Subject Sample 04:58

2.261Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.188Subject Sample 05:00

1.542Breath Volume 05:00

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:55:5210/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:56

Orange County SO

RAMIREZ,MATTHEW

11/05/2018

26316080A1

Ocoee PD

KOSH,TOBI,J

MORROW

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:51

# 1 0.213Subject Sample 05:51

2.171Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.212Subject Sample 05:54

1.773Breath Volume 05:54

0.000Air Blank 05:54

0.079Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:55

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:0310/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:17

Orange County SO

MAYFIELD,JOHN

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

JIMENEZ SANCHEZ

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

# 1 0.238Subject Sample 22:12

1.160Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.240Subject Sample 22:15

1.695Breath Volume 22:15

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:17

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3810/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

00:54

Orange County SO

CORSO,ANTHONY

11/05/2018

26316080A1

Orange County SO

DENSON,TRAVIS,W

SHEETS

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

# 1Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:08

0.078Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:0110/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:34

Orange County SO

KUZMA,TIMOTHY

11/05/2018

26316080A1

Orlando PD

DENSON,TRAVIS,W

CELESTINE

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

# 1 0.223Subject Sample 04:13

1.300Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2Subject Sample 04:19 No Sample Provided

0.000Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 3Subject Sample 04:24 No Sample Provided

0.000Breath Volume 04:24

0.000Air Blank 04:25

0.079Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:26

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:5510/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:42

Orange County SO

CORSO,ANTHONY

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

ELLIOTT

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.149Subject Sample 03:46 Volume Not Met

0.039Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.156Subject Sample 03:52 Volume Not Met

0.238Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:23:5610/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:08

Orange County SO

JOHNSON,MICHAEL

11/05/2018

26316080A1

Orange County SO

OKEEFE,ALEXIS,J

HAWLEY

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:17

0.000Air Blank 18:18

0.081Control Test 18:18

0.000Air Blank 18:19

# 1 0.000Subject Sample 18:19

1.515Breath Volume 18:19

0.000Air Blank 18:20

0.000Air Blank 18:22

# 2 0.000Subject Sample 18:22

2.714Breath Volume 18:22

0.000Air Blank 18:23

0.080Control Test 18:23

0.000Air Blank 18:23

OKDiagnostics Check 18:23

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:1710/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:22

Orange County SO

SCHMELTZER,RICHARD

11/05/2018

26316080A1

Orange County SO

KOSH,TOBI,J

MYSZKA

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.079Control Test 04:38

0.000Air Blank 04:38

# 1 0.153Subject Sample 04:39

2.406Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.140Subject Sample 04:42

2.343Breath Volume 04:42

0.000Air Blank 04:43

0.077Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 11/01/2018 12:46

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3510/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:05

Gadsden County SO

RICHARDSON,DALLAS

12/05/2019

29017080A3

Gadsden County SO

RICHARDSON,DALLAS,Q

EUMMER

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

# 1 0.202Subject Sample 21:38

1.183Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.199Subject Sample 21:42

1.125Breath Volume 21:42

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5610/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:15

FHP Troop H

BARROW,JESHUA

12/05/2019

29017080A3

FHP Troop H

BARROW,JESHUA,C

GOMEZ LOPEZ

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:04

0.000Control Test 01:04 RFI Detect

0.000Air Blank 01:04

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:5910/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:15

FHP Troop H

BARROW,JESHUA

12/05/2019

29017080A3

FHP Troop H

BARROW,JESHUA,C

GOMEZ

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.079Control Test 01:08

0.000Air Blank 01:08

# 1 0.181Subject Sample 01:09

2.554Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:11

# 2 0.186Subject Sample 01:12

2.886Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5310/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:07

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

BAKER

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.077Control Test 23:05

0.000Air Blank 23:06

# 1 0.284Subject Sample 23:06

2.113Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:09

# 2 0.271Subject Sample 23:09

1.605Breath Volume 23:09

0.000Air Blank 23:09

0.078Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2110/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:55

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

THOMPSON,RONDRICKA,N

HITRON

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.078Control Test 01:32

0.000Air Blank 01:33

# 1 0.243Subject Sample 01:33

2.089Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.253Subject Sample 01:36

2.777Breath Volume 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:3110/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:50

FFWCC (Lake City)

BROWN,CHARLES

12/05/2019

29017080A3

Gretna PD

ARKIN,PAUL,D

LOPEZ

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.079Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:23 Subject Test Refused

0.000Breath Volume 23:23

0.000Air Blank 23:23

0.078Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:3810/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:13

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

MITCHELL

09/12/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:44

0.000Air Blank 20:45

0.080Control Test 20:45

0.000Air Blank 20:46

# 1Subject Sample 20:49 No Sample Provided

0.000Breath Volume 20:49

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.055Subject Sample 20:53

1.105Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 3 0.056Subject Sample 20:56

1.378Breath Volume 20:56

0.000Air Blank 20:56

0.079Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 10/23/2018 11:47

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2710/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:52

Osceola County SO

AKINS,JUSTIN

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

BARBOZA

09/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:33

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/09/2018 22:36

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:0310/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:59

FHP Troop D

SILVA,EMILIANO

12/05/2019

646645

FHP Troop D

SILVA,EMILIANO,R

CUNI

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.161Subject Sample 04:23

2.882Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.159Subject Sample 04:26

2.332Breath Volume 04:26

Air Blank 04:26 RFI Detect

0.000Air Blank 04:27

Data Download Date/Time: 11/06/2018 18:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1010/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:59

FHP Troop D

SILVA,EMILIANO

12/05/2019

646645

FHP Troop D

SILVA,EMILIANO,R

CUNI

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:30

# 1 0.153Subject Sample 04:30

2.218Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.140Subject Sample 04:33

1.167Breath Volume 04:33

0.000Air Blank 04:34

0.079Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 11/06/2018 18:41

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:2210/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

16:14

Apopka PD

BARRETO,MATTHEW

11/05/2018

26316080A2

Apopka PD

BARNHORST,EDDIE,J

PARRY

09/30/2018

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.077Control Test 17:01

0.000Air Blank 17:01

# 1Subject Sample 17:04 No Sample Provided

0.000Breath Volume 17:04

0.000Air Blank 17:05

0.000Air Blank 17:07

# 2 0.000Subject Sample 17:07

2.453Breath Volume 17:07

0.000Air Blank 17:08

0.000Air Blank 17:10

# 3 0.000Subject Sample 17:11

1.906Breath Volume 17:11

0.000Air Blank 17:12

0.078Control Test 17:12

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 10/30/2018 22:43

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3010/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

00:18

St. Cloud PD

FERTIC,T

10/30/2018

163437

St. Cloud PD

WAGER,WILLIAM,W

SCHEMBRI

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

# 1 0.158Subject Sample 02:34

1.687Breath Volume 02:34

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.165Subject Sample 02:37

1.480Breath Volume 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:2910/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:12

FHP Troop D

HAWKINS,DEBORAH

10/30/2018

163437

FHP Troop D

HAWKINS,DEBORAH,

CRUMBLEY

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:43

0.000Air Blank 04:44

# 1 0.138Subject Sample 04:45

3.074Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.132Subject Sample 04:49

3.968Breath Volume 04:49

0.000Air Blank 04:50

0.079Control Test 04:50

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0910/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:42

FHP Troop D

PEREZ SUERO,JOSE

10/30/2018

163437

FHP Troop D

PEREZ SUERO,JOSE,M

KERAWALA

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.076Subject Sample 02:24

2.128Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.081Subject Sample 02:28

2.597Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5810/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:32

Osceola County SO

PYE,CHRISTOPHER

10/30/2018

163437

Osceola County SO

PYE,CHRISTOPHER,T

RODRIGUEZ-LOPEZ

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.000Subject Sample 04:02

1.121Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.000Subject Sample 04:05

1.718Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:3110/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

08:55

Osceola County SO

BEEKMAN,JOSHUA

10/30/2018

163437

Osceola County SO

BEEKMAN,JOSHUA,J

TORRES

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:43

0.000Air Blank 10:43

0.080Control Test 10:44

0.000Air Blank 10:44

# 1 0.000Subject Sample 10:45

3.054Breath Volume 10:45

0.000Air Blank 10:45

0.000Air Blank 10:47

# 2 0.000Subject Sample 10:48

2.863Breath Volume 10:48

0.000Air Blank 10:48

0.079Control Test 10:48

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:2910/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:05

Kissimmee PD

DOUVRES,MICHAEL

10/30/2018

163437

Kissimmee PD

NIEVES,CHARLIE,

MOTA

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:02

# 1 0.139Subject Sample 04:03

1.839Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.137Subject Sample 04:05

1.812Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2910/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:13

Osceola County SO

HARRIS,DENIS

10/30/2018

163437

Osceola County SO

LYONS,DANIEL,E

FUJARTE

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.079Control Test 00:45

0.000Air Blank 00:46

# 1 0.224Subject Sample 00:47

1.734Breath Volume 00:47

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.221Subject Sample 00:49

1.480Breath Volume 00:49

0.000Air Blank 00:50

0.078Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:02:3610/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:28

Osceola County SO

FORD,GLENN

12/05/2019

646645

Kissimmee PD

BEEKMAN,JACOB,C

STEVENS III

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:55

0.079Control Test 18:55

0.000Air Blank 18:56

# 1 0.000Subject Sample 18:57

1.324Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 19:00

# 2 0.000Subject Sample 19:01

1.800Breath Volume 19:01

0.000Air Blank 19:01

0.080Control Test 19:02

0.000Air Blank 19:02

OKDiagnostics Check 19:02

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5910/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:16

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

NOTICE

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

# 1 0.172Subject Sample 01:27

2.136Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.167Subject Sample 01:32

1.136Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:1610/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:24

Osceola County SO

RODRIGUEZ,ALBERT

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

LONG

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

# 1 0.209Subject Sample 02:30

2.605Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:32

# 2 0.217Subject Sample 02:33

3.425Breath Volume 02:33

0.000Air Blank 02:34

0.076Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:50:4910/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:36

Osceola County SO

BEEKMAN,JACOB

12/05/2019

646645

Osceola County SO

BEEKMAN,JACOB,C

SANTIAGO-MARTINEZ

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:45

# 1 0.000Subject Sample 21:46

2.890Breath Volume 21:46

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2 0.000Subject Sample 21:49

2.015Breath Volume 21:49

0.000Air Blank 21:49

0.080Control Test 21:50

0.000Air Blank 21:50

OKDiagnostics Check 21:50

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5410/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:03

Osceola County SO

BEEKMAN,JACOB

12/05/2019

646645

Osceola County SO

BEEKMAN,JACOB,C

CERVANTES-CUARENTA

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.240Subject Sample 03:41

2.687Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.237Subject Sample 03:45

2.703Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/06/2018 18:35

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:0510/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:22

Cocoa Beach PD

PAYNE,T

11/05/2018

26316080A2

Cocoa Beach PD

SCHEINER,JAMES,R

TELARICO

09/30/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:58

# 1 0.250Subject Sample 00:58

2.082Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.242Subject Sample 01:02

2.140Breath Volume 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:04

Data Download Date/Time: 10/28/2018 23:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.



80-000995CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1410/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:40

Cocoa Beach PD

PAYNE,T

11/05/2018

26316080A2

Cocoa Beach PD

SCHEINER,JAMES,R

O'HARE

09/30/2018

8100.27

COCOA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:28

0.000Air Blank 23:28

# 1 0.145Subject Sample 23:28

2.875Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.155Subject Sample 23:31

2.527Breath Volume 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 10/28/2018 23:59

13 December 2018Printed:

COBRA ©1997-2014 CMI, Inc.


