
80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:1811/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:31

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

MESCH

10/04/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

# 1 0.177Subject Sample 03:04

2.289Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.168Subject Sample 03:07

2.515Breath Volume 03:07

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 11/01/2018 13:58

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5011/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:34

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

AUGER

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:35

# 1Subject Sample 23:35 Subject Test Refused

0.000Breath Volume 23:35

0.000Air Blank 23:35

0.082Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5211/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:32

19:13

FHP Troop E

MORALES,VICTOR

10/05/2020

823252

Monroe County SO

WILLIAMS,DAVID,R

DELVAL-ORTIZ

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:52

0.000Air Blank 19:53

0.081Control Test 19:53

0.000Air Blank 19:54

# 1 0.121Subject Sample 19:55

2.253Breath Volume 19:55

0.000Air Blank 19:55

0.000Air Blank 19:57

# 2 0.120Subject Sample 19:58

2.367Breath Volume 19:58

0.000Air Blank 19:58

0.081Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4011/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:45

Monroe County SO

HRADECKY,CORBIN

10/05/2020

\823252

Monroe County SO

HRADECKY,CORBIN,J

PARKER

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1 0.216Subject Sample 02:23

1.105Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.226Subject Sample 02:26

1.390Breath Volume 02:26

0.000Air Blank 02:26

0.082Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:0111/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

20:25

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

WILLIAMS

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

# 1 0.120Subject Sample 20:54

1.746Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.121Subject Sample 20:57

1.605Breath Volume 20:57

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:59

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:3711/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:13

15:59

Monroe County SO

HREDECKY,CORBIN

10/05/2020

823252

Monroe County SO

LONES,SHAUN,G

GUILLERMO

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:33

0.000Air Blank 16:33

0.080Control Test 16:34

0.000Air Blank 16:34

# 1 0.255Subject Sample 16:35

1.625Breath Volume 16:35

0.000Air Blank 16:35

0.000Air Blank 16:37

# 2 0.243Subject Sample 16:38

3.589Breath Volume 16:38

0.000Air Blank 16:38

0.081Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:4511/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:34

Monroe County SO

HRADECKY,CORBIN

10/05/2020

823252

Monroe County SO

HRADECKY,CORBIN,J

GASPERIK

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.081Control Test 05:03

0.000Air Blank 05:03

# 1 0.244Subject Sample 05:04

1.996Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.238Subject Sample 05:07

1.644Breath Volume 05:07

0.000Air Blank 05:07

0.082Control Test 05:08

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3811/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:47

Monroe County SO

HILL,DANIEL

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

SANCHEZ

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.081Control Test 22:24

0.000Air Blank 22:25

# 1Subject Sample 22:25 Subject Test Refused

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.082Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:5311/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:40

Monroe County SO

MORALES,VICTOR

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

BAUMGARDNER

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:26

0.082Control Test 23:26

0.000Air Blank 23:27

# 1Subject Sample 23:27 Subject Test Refused

0.000Breath Volume 23:27

0.000Air Blank 23:27

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4411/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:14

Monroe County SO

SWOGGER,EDWARD

10/05/2020

823252

Monroe County SO

SWOGGER,EDWARD,A

WOOD

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.083Control Test 02:48

0.000Air Blank 02:49

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.082Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0011/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:06

20:55

Monroe County SO

ROSARIO-PIETRI,CALEB

10/05/2020

823252

Monroe County SO

HILL,DANIEL,A

LAUGHINGHOUSE

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.082Control Test 21:27

0.000Air Blank 21:28

# 1Subject Sample 21:28 Subject Test Refused

0.000Breath Volume 21:28

0.000Air Blank 21:29

0.081Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:30

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000869CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:0111/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:30

Monroe County SO

HRADECKEY,CORBIN

10/05/2020

823252

Monroe County SO

MARTIN-REYES,JUAN,C

MARTE

11/01/2018

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.081Control Test 22:14

0.000Air Blank 22:14

# 1 0.199Subject Sample 22:18 Volume Not Met

0.558Breath Volume 22:18

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.243Subject Sample 22:22

1.312Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 3 0.242Subject Sample 22:26

1.699Breath Volume 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:28

Data Download Date/Time: 12/13/2018 14:15

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:28:4711/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

13:12

Miami PD

TARGIA,FRANK

11/21/2019

1789170

Miami PD

TARGIA,FRANK,

DURYEA

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:22

0.000Air Blank 14:22

0.078Control Test 14:23

0.000Air Blank 14:23

# 1 0.000Subject Sample 14:24

1.457Breath Volume 14:24

0.000Air Blank 14:25

0.000Air Blank 14:27

# 2 0.000Subject Sample 14:27

2.218Breath Volume 14:27

0.000Air Blank 14:27

0.079Control Test 14:28

0.000Air Blank 14:28

OKDiagnostics Check 14:28

Data Download Date/Time: 12/27/2018 15:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:08:3011/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:26

Miami PD

HERNANDEZ,ISAAC

11/21/2019

640976

Miami PD

HERNANDEZ,ISAAC,

MCCORMICK

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.079Control Test 18:06

0.000Air Blank 18:06

# 1Subject Sample 18:07 Subject Test Refused

0.000Breath Volume 18:07

0.000Air Blank 18:07

0.078Control Test 18:07

0.000Air Blank 18:08

OKDiagnostics Check 18:08

Data Download Date/Time: 12/27/2018 15:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000872CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:3111/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:28

Miami PD

OTANO,D

11/21/2019

640976

Miami PD

OTANO,D,

MONCADA

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.078Control Test 21:41

0.000Air Blank 21:41

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:44

0.078Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 12/27/2018 15:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000875CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:5711/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:47

FHP Troop A

YASUDA,SHOHEI

05/05/2019

06717080A6

FHP Troop A

YASUDA,SHOHEI,

SOLWICK

11/13/2018

8100.27

CALHOUN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:26

0.081Control Test 20:26

0.000Air Blank 20:26

# 1 0.095Subject Sample 20:28

2.765Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.091Subject Sample 20:31

2.140Breath Volume 20:31

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 12/03/2018 10:43

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3011/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:11

05:02

Miami Beach PD

PAIGE,LEON

07/24/2020

390314

Miami Beach PD

PAIGE,LEON,I

CASTRO

10/29/2018

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.081Control Test 05:32

0.000Air Blank 05:33

# 1 0.218Subject Sample 05:33

1.847Breath Volume 05:33

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.226Subject Sample 05:36

2.000Breath Volume 05:36

0.000Air Blank 05:37

0.081Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 11/30/2018 14:37

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:3011/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:36

Miami-Dade PD

BIANCHI,MARIO

02/05/2020

34917080A4

Miami-Dade PD

BIANCHI,MARIO,D

LOPEZ

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1 0.182Subject Sample 01:33 Volume Not Met

0.542Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.218Subject Sample 01:38

1.242Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 3 0.201Subject Sample 01:43

1.347Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 11/08/2018 09:06

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:52:1911/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:22

07:13

Miami-Dade PD

BIANCHI,MARIO

02/05/2020

34917080A4

Miami-Dade PD

BIANCHI,MARIO,D

FLEITAS HERNANDEZ

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

0.000Air Blank 07:45

0.080Control Test 07:46

0.000Air Blank 07:46

# 1 0.061Subject Sample 07:47

2.023Breath Volume 07:47

0.000Air Blank 07:47

0.000Air Blank 07:49

# 2 0.057Subject Sample 07:50

1.839Breath Volume 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:52

OKDiagnostics Check 07:52

Data Download Date/Time: 11/08/2018 09:06

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4211/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:35

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

VALDEZ-DIAZ

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1 0.185Subject Sample 02:14

2.980Breath Volume 02:14

0.000Air Blank 02:14

0.000Air Blank 02:16

# 2 0.192Subject Sample 02:17

3.078Breath Volume 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 11/08/2018 09:06

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:3911/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:35

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA',JORGE,F

VALDEZ-DIAZ

10/23/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

# 1 0.180Subject Sample 02:23

3.269Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.170Subject Sample 02:27

3.031Breath Volume 02:27

0.000Air Blank 02:27

0.080Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 11/08/2018 09:06

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3311/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:42

Miami-Dade PD

GARCIGO,M

02/05/2020

34917080A4

OTHER Local

ADAMS,STEVEN,L

RUIZ

11/08/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 12/14/2018 13:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:4611/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

02:20

Miami-Dade PD

GONZALEZ,E

02/05/2020

34917080A4

Miami-Dade PD

ADAMS,STEVEN,L

PEGO-DUQUE

11/08/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.128Subject Sample 04:38

1.238Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.127Subject Sample 04:43

1.500Breath Volume 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 12/14/2018 13:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000881CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0711/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:07

OTHER Local

HODGES,TITUS

02/05/2020

34917080A4

OTHER Local

HODGES,TITUS,R

TINEO

11/08/2018

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

# 1 0.135Subject Sample 03:43

1.152Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.134Subject Sample 03:47

1.402Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/14/2018 13:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5311/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:54

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

ACOSTA

10/23/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 11/08/2018 09:08

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:46:5911/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

04:45

Aventura PD

CURTIS,WILLIAM

02/05/2020

34917080A4

Aventura PD

CURTIS,WILLIAM,

BALOM

11/08/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:40

0.000Air Blank 05:40

0.079Control Test 05:40

0.000Air Blank 05:41

# 1 0.230Subject Sample 05:42

3.195Breath Volume 05:42

0.000Air Blank 05:43

0.000Air Blank 05:44

# 2 0.225Subject Sample 05:45

3.859Breath Volume 05:45

0.000Air Blank 05:46

0.077Control Test 05:46

0.000Air Blank 05:46

OKDiagnostics Check 05:46

Data Download Date/Time: 12/14/2018 13:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:5711/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:32

Miami-Dade PD

BIANCHI,MARIO

02/05/2020

34917080A4

Miami-Dade PD

BIANCHI,MARIO,D

SEVILLAALVAREZ

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:20

0.000Air Blank 06:20

0.079Control Test 06:21

0.000Air Blank 06:21

# 1 0.174Subject Sample 06:22

1.476Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:24

# 2 0.185Subject Sample 06:26

1.953Breath Volume 06:26

0.000Air Blank 06:27

0.079Control Test 06:27

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1311/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:26

Miami-Dade PD

CASTILLO,CHRISTIAN

02/05/2020

34917080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

SCHRANER

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:09

# 1Subject Sample 23:12 No Sample Provided

0.000Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5411/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:54

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

DONALDSON

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.077Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.078Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:2611/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:31

Miami-Dade PD

VARGAS,D

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

SIMON

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

# 1Subject Sample 00:16 RFI Detect

0.660Breath Volume 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:1111/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:31

Miami-Dade PD

VARGAS,D

02/05/2020

34917080A4

Miami-Dade PD

VARGAS,D,

SIMON

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.078Control Test 00:21

0.000Air Blank 00:22

# 1 0.254Subject Sample 00:22

1.808Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.241Subject Sample 00:25

1.906Breath Volume 00:25

0.000Air Blank 00:26

0.078Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1911/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:40

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

DRINKWATER

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.079Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:5411/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:42

Miami-Dade PD

BIANCHI,MARIO

02/05/2020

34917080A4

Miami-Dade PD

BIANCHI,MARIO,D

MENDOZA IJOM

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.079Control Test 02:36

0.000Air Blank 02:37

# 1 0.176Subject Sample 02:38

2.632Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.175Subject Sample 02:42

2.640Breath Volume 02:42

0.000Air Blank 02:42

0.078Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1311/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:25

Miami-Dade PD

PHILPOT,C

02/05/2020

34917080A4

Miami-Dade PD

PHIPOT,C,

VENTURA AGUILERA

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

# 1 0.220Subject Sample 01:24

3.160Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:26

# 2 0.210Subject Sample 01:27

2.457Breath Volume 01:27

0.000Air Blank 01:28

0.076Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1911/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:45

Miami-Dade PD

TAPANES,R

02/05/2020

34917080A4

Miami-Dade PD

TAPANES,R,

LOPEZ CASTRO

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:24

# 1 0.216Subject Sample 02:25

2.500Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.217Subject Sample 02:28

2.187Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:00:3211/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

05:07

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

WILLIAMS JR

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:54

0.000Air Blank 05:54

0.077Control Test 05:54

0.000Air Blank 05:55

# 1 0.163Subject Sample 05:55

1.160Breath Volume 05:55

0.000Air Blank 05:56

0.000Air Blank 05:58

# 2 0.158Subject Sample 05:58

1.558Breath Volume 05:58

0.000Air Blank 05:59

0.078Control Test 05:59

0.000Air Blank 06:00

OKDiagnostics Check 06:00

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:3711/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:31

Miami-Dade PD

SLIMAK,M

02/05/2020

34917080A4

Miami-Dade PD

TAPANES,R,

LOWE

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.078Control Test 05:14

0.000Air Blank 05:14

# 1Subject Sample 05:15 Subject Test Refused

0.000Breath Volume 05:15

0.000Air Blank 05:15

0.078Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:5711/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:53

Miami-Dade PD

CASTILLO,CHRISTIAN

02/05/2020

34917080A4

Miami-Dade PD

CASTILLO,CHRISTIAN,A

AGUILAR MORALES

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

# 1 0.191Subject Sample 23:30

1.800Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.203Subject Sample 23:34

3.046Breath Volume 23:34

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000884CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:0211/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

02:52

Miami-Dade PD

QUINTANA,JORGE

02/05/2020

34917080A4

Miami-Dade PD

QUINTANA,JORGE,F

GOMEZ-GARCIA

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.077Control Test 04:07

0.000Air Blank 04:08

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:09

0.077Control Test 04:09

0.000Air Blank 04:09

OKDiagnostics Check 04:10

Data Download Date/Time: 12/28/2018 10:29

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000885CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5011/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

03:14

Miami-Dade PD

NADAL,JOSE

02/05/2020

34917080A4

Miami-Dade PD

NADAL,JOSE,V

IJOM LOPEZ

11/01/2018

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

# 1 0.135Subject Sample 04:08

1.359Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.142Subject Sample 04:11

2.433Breath Volume 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 12/24/2018 12:18

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1611/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:26

North Miami Beach PD

DORIVAL,P

07/05/2019

12317080A3

North Miami Beach PD

PINEDA,MIGUEL,A

VALOY QUEZADA

11/01/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

# 1 0.189Subject Sample 03:28

1.484Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.192Subject Sample 03:31

1.691Breath Volume 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/27/2018 22:47

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:1911/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:42

North Miami Beach PD

BOURBON,BRADLEY

07/05/2019

12317080A3

North Miami Beach PD

PINEDA,MIGUEL,A

GONZALEZ

11/01/2018

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.076Control Test 04:09

0.000Air Blank 04:10

# 1 0.200Subject Sample 04:10

2.203Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.203Subject Sample 04:13

2.488Breath Volume 04:13

0.000Air Blank 04:14

0.077Control Test 04:14

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 12/27/2018 22:47

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:0811/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:11

06:39

Village of Pinecrest

RAMOS,LUIS

10/05/2017

24515080A3

Village of Pinecrest

CRUZ,EDISON,B

SIERRA HERRERA

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:34

0.078Control Test 07:34

0.000Air Blank 07:34

# 1 0.157Subject Sample 07:36

2.289Breath Volume 07:36

0.000Air Blank 07:37

0.000Air Blank 07:38

# 2 0.147Subject Sample 07:39

1.117Breath Volume 07:39

0.000Air Blank 07:40

0.078Control Test 07:40

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4311/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

01:11

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

LABANINO

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.078Control Test 01:39

0.000Air Blank 01:39

# 1 0.207Subject Sample 01:40

1.738Breath Volume 01:40

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.199Subject Sample 01:43

1.886Breath Volume 01:43

0.000Air Blank 01:43

0.078Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2411/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:51

Village of Pinecrest

LANDA,CHELSY

10/05/2019

22817080A4

South Miami PD

ABRAMSON,SHELBY,L

GONZALEZ

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:25 No Sample Provided

0.000Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.081Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:2411/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:48

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

LUIS VICTOR

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:20 No Sample Provided

0.000Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:3411/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:48

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

LUIS VICTOR

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:35 No Sample Provided

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2Subject Sample 01:41 No Sample Provided

0.000Breath Volume 01:41

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1011/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:33

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

VARGAS

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:01

# 1 0.000Subject Sample 23:01

2.214Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.000Subject Sample 23:04

1.324Breath Volume 23:04

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000909CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2411/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:55

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

ABREUJR

10/05/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:32

# 2Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 11/30/2018 11:02

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:5911/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:36

Fort Myers PD

BRADFORD,HAYLEE

06/05/2020

10818080A4

Fort Myers PD

WITT,KELLY,

SUHR

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.081Control Test 02:33

0.000Air Blank 02:34

# 1 0.146Subject Sample 02:34

1.250Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.147Subject Sample 02:38

1.566Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5511/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:19

Lee County SO

SINCHI,D

06/05/2020

10818080A4

Lee County SO

BURLEY,JUSTIN,L

GRACIA

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:13

0.081Control Test 05:14

0.000Air Blank 05:14

# 1 0.238Subject Sample 05:15

3.679Breath Volume 05:15

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.237Subject Sample 05:18

3.703Breath Volume 05:18

0.000Air Blank 05:18

0.080Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:3311/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:45

Lee County SO

CAIVANO,STACEY

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

SVOBODA

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.172Subject Sample 21:59

1.843Breath Volume 21:59

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.167Subject Sample 22:02

1.593Breath Volume 22:02

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:2111/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:01

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SELLERS,T,

BRASWELL

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:20

0.082Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:3311/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:01

Lee County SO

SELLERS,T

06/05/2020

10818080A4

Lee County SO

SELLERS,T,

BRASWELL

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:24

# 1Subject Sample 23:26 Subject Test Refused

0.226Breath Volume 23:26

0.000Air Blank 23:27

0.081Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:4011/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:03

Lee County SO

STEVENS,LAUREN

06/05/2020

10818080A4

Lee County SO

AVENDANO,JUAN,M

LOPEZ

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

# 1 0.141Subject Sample 01:07

1.292Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.151Subject Sample 01:10

1.347Breath Volume 01:10

0.000Air Blank 01:10

0.081Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3511/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:39

Lee County SO

SMITH,JOSIAH

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

DOMINGUEZ BERRUM

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.081Control Test 01:48

0.000Air Blank 01:48

# 1 0.160Subject Sample 01:49

2.035Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:51

# 2 0.154Subject Sample 01:53

1.386Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:5211/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:13

Lee County SO

STROBEL,RAYMOND

06/05/2020

10818080A4

Lee County SO

STROBEL,RAYMOND,R

DEMEDEIROS

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.210Subject Sample 01:34

3.140Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.207Subject Sample 01:37

1.742Breath Volume 01:37

0.000Air Blank 01:37

0.080Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5311/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:44

FHP Troop F

SMYRNIOS,MANUEL

06/05/2020

10818080A4

FHP Troop F

SMYRNIOS,MANUEL,J

NARVARTE

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.082Control Test 00:53

0.000Air Blank 00:53

# 1 0.079Subject Sample 00:54

2.695Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.081Subject Sample 00:57

3.375Breath Volume 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:2711/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:47

Lee County SO

BONSALL,M

06/05/2020

10818080A4

Lee County SO

BONSALL,M,A

COSSIO

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

# 1 0.206Subject Sample 03:44

2.093Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.196Subject Sample 03:47

2.007Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:31:0911/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:45

12:15

Fort Myers PD

RODRIGUEZ,EDDIE

06/05/2020

10818080A4

Fort Myers PD

CUTIE,EDWARD,

WATKINS

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:22

0.000Air Blank 13:22

0.081Control Test 13:23

0.000Air Blank 13:23

# 1 0.272Subject Sample 13:25

1.246Breath Volume 13:25

0.000Air Blank 13:26

0.000Air Blank 13:27

# 2 0.231Subject Sample 13:29

2.230Breath Volume 13:29

Air Blank 13:30 Purge Fail

0.000Air Blank 13:31

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2611/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:02

Lee County SO

SMITH,JOSIAH

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

KENDALL

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1 0.156Subject Sample 01:51

1.160Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.142Subject Sample 01:56 Volume Not Met

0.363Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 3Subject Sample 01:59 Subject Test Refused

0.097Breath Volume 01:59

0.000Air Blank 02:00

0.078Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2311/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:03

Lee County SO

STEVENS,L

06/05/2020

10818080A4

Lee County SO

SMITH,JOSIAH,R

ROSSINGTON

10/03/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.141Subject Sample 02:46

3.042Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.136Subject Sample 02:49

2.531Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/14/2018 09:39

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3311/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

01:23

FHP Troop F

ADAMS,JAMES

06/05/2020

10818080A4

FHP Troop F

ADAMS,JAMES,R

RUIZ

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.081Control Test 03:08

0.000Air Blank 03:08

# 1 0.100Subject Sample 03:11 Volume Not Met

0.882Breath Volume 03:11

Air Blank 03:12 Purge Fail

0.000Air Blank 03:13

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2311/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:37

Lee County SO

DUNCAN,N

06/05/2020

10818080A4

Lee County SO

DUNCAN,N,

TYNDALL

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.189Subject Sample 21:18

2.558Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.179Subject Sample 21:21

1.945Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3211/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:09

Lee County SO

ZEGERS,B

06/05/2020

10818080A4

FHP Troop F

SMITH,JOSIAH,R

GOMEZ SANTIAGO

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:17

0.080Control Test 23:18

0.000Air Blank 23:18

# 1 0.136Subject Sample 23:19

1.417Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.144Subject Sample 23:21

1.144Breath Volume 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:1911/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:18

Lee County SO

STEVENS,LAUREN

06/05/2020

10818080A4

Lee County SO

BELL,JOSEPH,G

CZEKALINSKI

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.081Control Test 22:24

0.000Air Blank 22:25

# 1 0.116Subject Sample 22:25

1.941Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:28

# 2 0.120Subject Sample 22:28

2.496Breath Volume 22:28

0.000Air Blank 22:29

0.082Control Test 22:29

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:2111/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:13

Lee County SO

RIDGEWAY,CAITLIN

06/05/2020

10818080A4

Lee County SO

AVENDANO,JUAN,M

GARCIA

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.081Control Test 04:06

0.000Air Blank 04:06

# 1 0.154Subject Sample 04:07

1.207Breath Volume 04:07

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.143Subject Sample 04:11

1.386Breath Volume 04:11

0.000Air Blank 04:12

0.082Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:58:3911/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:31

11:58

Fort Myers PD

RICE,BRETT

06/05/2020

10818080A4

Fort Myers PD

CUTIE,EDWARD,

MEJIA

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:51

0.000Air Blank 12:52

0.081Control Test 12:52

0.000Air Blank 12:52

# 1 0.235Subject Sample 12:53

2.332Breath Volume 12:53

0.000Air Blank 12:54

0.000Air Blank 12:56

# 2 0.217Subject Sample 12:56

1.324Breath Volume 12:56

0.000Air Blank 12:57

0.079Control Test 12:58

0.000Air Blank 12:58

OKDiagnostics Check 12:58

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0011/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:43

Lee County SO

BONSALL,M

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

LUTTRELL

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.081Control Test 00:29

0.000Air Blank 00:29

# 1 0.181Subject Sample 00:30

1.960Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.169Subject Sample 00:34

2.937Breath Volume 00:34

0.000Air Blank 00:35

0.081Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3011/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:13

Fort Myers PD

BRADFORD,HARLEE

06/05/2020

10818080A4

Fort Myers PD

NERONI,KRISTI,A

SMALLWOOD

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.082Control Test 04:03

0.000Air Blank 04:03

# 1 0.214Subject Sample 04:04

2.171Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.209Subject Sample 04:07

2.167Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:1811/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:17

Lee County SO

BONSALL,MATTHEW

06/05/2020

10818080A4

Lee County SO

BONSALL,MATTHEW,A

BROOKSHIRE

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:17

0.081Control Test 19:18

0.000Air Blank 19:18

# 1 0.264Subject Sample 19:19

2.617Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:21

# 2 0.259Subject Sample 19:22

2.589Breath Volume 19:22

0.000Air Blank 19:23

0.081Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5211/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:10

Lee County SO

GOULD,LEONARD

06/05/2020

10818080A4

Lee County SO

GOULD,LEONARD,

MADRID

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

# 1 0.231Subject Sample 02:54

1.515Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.229Subject Sample 02:58

1.988Breath Volume 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:3711/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

19:35

Lee County SO

DUNCAN,N

06/05/2020

10818080A4

Lee County SO

DUNCAN,N,

MONAHAN

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.082Control Test 21:12

0.000Air Blank 21:13

# 1 0.247Subject Sample 21:14

2.996Breath Volume 21:14

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.249Subject Sample 21:16

2.652Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:3811/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:17

Lee County SO

SCHILKE,CARL

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

PHENIS

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.082Control Test 21:22

0.000Air Blank 21:23

# 1 0.099Subject Sample 21:23

1.742Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.100Subject Sample 21:27

2.562Breath Volume 21:27

0.000Air Blank 21:27

0.081Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:4711/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:41

Lee County SO

HIDEG,JARED

06/05/2020

10818080A4

Lee County SO

SCHILKE,CARL,E

LEWIS

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.081Control Test 21:47

0.000Air Blank 21:47

# 1 0.220Subject Sample 21:48

2.406Breath Volume 21:48

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.212Subject Sample 21:51

1.699Breath Volume 21:51

0.000Air Blank 21:51

0.080Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1211/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

20:45

FHP Troop F

SMYRNIOS,MANUEL

06/05/2020

10818080A4

FHP Troop F

SMYRNIOS,MANUEL,J

WARNER

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.081Control Test 22:06

0.000Air Blank 22:07

# 1 0.147Subject Sample 22:07

3.343Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.153Subject Sample 22:10

4.492Breath Volume 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 12/12/2018 09:26

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000938CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:5211/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:18

Lee County SO

STROBEL,RAYMOND

06/05/2020

10818080A4

Lee County SO

STROBEL,RAYMOND,R

MEEHAN

11/14/2018

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

# 1 0.172Subject Sample 21:16

1.179Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.140Subject Sample 21:22 Volume Not Met

0.386Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:24

# 3 0.166Subject Sample 21:26

1.675Breath Volume 21:26

0.000Air Blank 21:26

0.079Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 12/12/2018 09:27

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:02:1011/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:28

16:37

Collier County SO

MILLER,K

09/05/2019

19817080A1

Collier County SO

AXELSON,B,

BATISTA

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:54

0.080Control Test 17:54

0.000Air Blank 17:54

# 1 0.062Subject Sample 17:55

1.757Breath Volume 17:55

0.000Air Blank 17:56

0.000Air Blank 17:57

# 2 0.064Subject Sample 18:00

2.808Breath Volume 18:00

0.000Air Blank 18:01

0.080Control Test 18:01

0.000Air Blank 18:02

OKDiagnostics Check 18:02

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:2711/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:30

Collier County SO

STAUFER,J

09/05/2019

19817080A1

Collier County SO

EMANS,ALEX,R

EYER

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.079Control Test 22:38

0.000Air Blank 22:38

# 1 0.164Subject Sample 22:38

1.718Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.165Subject Sample 22:41

1.843Breath Volume 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5211/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:20

Collier County SO

ZERPA,E

09/05/2019

19817080A1

Collier County SO

RIVAS,W,

MATEO JOSE

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.173Subject Sample 01:22

2.046Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.171Subject Sample 01:25

2.660Breath Volume 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:5911/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:12

Collier County SO

MOORE,C

09/05/2019

19817080A1

Collier County SO

GALLOPS,C,M

FAUCHER

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.208Subject Sample 02:26

1.550Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.206Subject Sample 02:30

2.003Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2911/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:07

Collier County SO

ROWLEY,C

09/05/2019

19817080A1

Collier County SO

GONZALES,YVETTE,R

BOCANEGRA

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.208Subject Sample 02:50

2.437Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.218Subject Sample 02:53

1.203Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5611/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:27

Collier County SO

GROSSKLAS,D

09/05/2019

19817080A1

Collier County SO

LUGO,JONATHAN,B

BULLEN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:31

0.000Air Blank 23:31

0.079Control Test 23:32

0.000Air Blank 23:32

# 1 0.223Subject Sample 23:33

2.390Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.215Subject Sample 23:36

2.152Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4511/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:38

Collier County SO

MCCOY,D

09/05/2019

19817080A1

Collier County SO

MULLINGS,EMANUEL,R

HERRERA VICTORES

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:31

# 1 0.183Subject Sample 00:32

2.863Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.164Subject Sample 00:35

1.687Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3811/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

02:29

Collier County SO

CORNELIUS,TIM

09/05/2019

19817080A1

Collier County SO

CORNELIUS,TIM,

FUNESAGUILAR

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

# 1 0.157Subject Sample 03:34

2.839Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.159Subject Sample 03:37

1.953Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:5911/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:04

Collier County SO

CARPENTER,CHRISTOPHER

09/05/2019

19817080A1

Collier County SO

CARPENTER,CHRISTOPHER,J

LAPRISE

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:25

0.078Control Test 05:25

0.000Air Blank 05:25

# 1 0.232Subject Sample 05:26

2.859Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:28

# 2 0.254Subject Sample 05:29

3.449Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:31

# 3 0.253Subject Sample 05:32

2.144Breath Volume 05:32

0.000Air Blank 05:33

0.078Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:26:4111/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:53

14:00

Collier County SO

MAHOLTZ,S

09/05/2019

19817080A1

Collier County SO

MARIMON,KARLHEINZ,

FRANCISCOFRANCISO

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:19

0.000Air Blank 15:19

0.080Control Test 15:20

0.000Air Blank 15:20

# 1 0.146Subject Sample 15:21

3.304Breath Volume 15:21

0.000Air Blank 15:22

0.000Air Blank 15:24

# 2 0.143Subject Sample 15:25

2.234Breath Volume 15:25

0.000Air Blank 15:25

0.080Control Test 15:26

0.000Air Blank 15:26

OKDiagnostics Check 15:26

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:5911/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:19

Collier County SO

ZERPA,E

09/05/2019

19817080A1

Collier County SO

NOEL,YVES,

VALDEZ

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:02

# 1 0.121Subject Sample 20:03

1.480Breath Volume 20:03

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.124Subject Sample 20:06

2.113Breath Volume 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:1511/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:51

Collier County SO

REED,J

09/05/2019

19817080A1

Collier County SO

LUGO,JONATHAN,B

LUIS

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:49

0.079Control Test 23:50

Air Blank 23:50 Purge Fail

0.000Air Blank 23:51

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:5111/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

22:51

Collier County SO

REED,J

09/05/2019

19817080A1

Collier County SO

LUGO,JONATHAN,

LUIS

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

# 1 0.189Subject Sample 23:54

1.328Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.199Subject Sample 23:58

1.355Breath Volume 23:58

0.000Air Blank 23:58

0.080Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1611/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:27

Collier County SO

WOODS,H

09/05/2019

19817080A1

Collier County SO

BIERMAN,BRENT,

BENAVIDES DELGADO

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.079Control Test 01:37

0.000Air Blank 01:37

# 1 0.173Subject Sample 01:37

2.832Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.171Subject Sample 01:40

2.765Breath Volume 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3111/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:36

Collier County SO

MILLER,K

09/05/2019

19817080A1

Collier County SO

TAYLOR,E,W

HARBIN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1 0.211Subject Sample 01:49

3.382Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.203Subject Sample 01:52

3.070Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0911/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:21

Collier County SO

POUND,R

09/05/2019

19817080A1

Collier County SO

GUTIERREZ,I,T

GIGLIOTTI

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

# 1 0.169Subject Sample 01:59

1.976Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.161Subject Sample 02:02

1.730Breath Volume 02:02

0.000Air Blank 02:03

0.079Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4711/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:27

Collier County SO

FORD,L

09/05/2019

19817080A1

Collier County SO

BUONPANE,V,D

BUSSING

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:36

# 1 0.198Subject Sample 23:38

2.183Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.188Subject Sample 23:42

2.660Breath Volume 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:3611/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:36

Collier County SO

STAFFORD,J

09/05/2019

19817080A1

Naples PD

OLMSTEAD,J,

GAULEY

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.190Subject Sample 03:41

1.496Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.187Subject Sample 03:44

1.269Breath Volume 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:3611/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:11

Collier County SO

DARREN,D

09/05/2019

19817080A1

Collier County SO

ROGERS,MATTHEW,L

TWIDDY

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:52

0.079Control Test 19:52

0.000Air Blank 19:53

# 1 0.076Subject Sample 19:53

3.445Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:56

# 2 0.077Subject Sample 19:57

3.855Breath Volume 19:57

0.000Air Blank 19:57

0.079Control Test 19:58

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:2611/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:50

Collier County SO

DRISCOLL,JAMES

09/05/2019

19817080A1

Collier County SO

DRISCOLL,JAMES,P

COVELLI

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:40

# 1 0.173Subject Sample 22:41

2.355Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.166Subject Sample 22:43

2.492Breath Volume 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5711/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:07

Collier County SO

FERRO,L

09/05/2019

19817080A1

Collier County SO

ANNORAT,ADELY,

NAVARRETE

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.119Subject Sample 03:07

1.863Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.120Subject Sample 03:10

2.582Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:54:5611/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:23

13:40

Collier County SO

BURD,E

09/05/2019

19817080A1

Collier County SO

CURTSINGER,C,A

MAXWELL

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:48

0.000Air Blank 14:48

0.080Control Test 14:49

0.000Air Blank 14:49

# 1 0.190Subject Sample 14:50

1.808Breath Volume 14:50

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.197Subject Sample 14:53

2.117Breath Volume 14:53

0.000Air Blank 14:54

0.080Control Test 14:54

0.000Air Blank 14:54

OKDiagnostics Check 14:54

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1211/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:47

Collier County SO

CORNELIUS,TIM

09/05/2019

19817080A1

Collier County SO

CORNELIUS,TIM,

STERCULA

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.079Control Test 23:48

0.000Air Blank 23:48

# 1 0.264Subject Sample 23:49

2.113Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.253Subject Sample 23:52

1.453Breath Volume 23:52

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:5811/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:08

Collier County SO

WILLIAMS,N

09/05/2019

19817080A1

Naples PD

TURNER,S,C

JOHNSON

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.111Subject Sample 00:21

1.980Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.115Subject Sample 00:24

1.515Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5311/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:14

Naples PD

FORLENZA,J

09/05/2019

19817080A1

Naples PD

NATSON,ANDRAE,M

BARBOZA

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

# 1 0.102Subject Sample 22:38

2.328Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.105Subject Sample 22:41

1.972Breath Volume 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:0011/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:55

Collier County SO

PEREZ,M

09/05/2019

19817080A1

Naples PD

GEORGE,SHANNON,N

SATIN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:18

0.000Air Blank 21:18

0.080Control Test 21:19

0.000Air Blank 21:19

# 1 0.144Subject Sample 21:22 Volume Not Met

0.695Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.165Subject Sample 21:28 Volume Not Met

0.207Breath Volume 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:29

OKDiagnostics Check 21:30

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:1111/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:55

Collier County SO

PEREZ,PEREZ

09/05/2019

19817080A1

Naples PD

GEORGE,SHANNON,N

SATIN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:34

0.000Air Blank 21:35

0.079Control Test 21:35

0.000Air Blank 21:35

# 1 0.164Subject Sample 21:38

1.359Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.148Subject Sample 21:43 Volume Not Met

0.832Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 3 0.156Subject Sample 21:47

1.316Breath Volume 21:47

0.000Air Blank 21:48

0.078Control Test 21:48

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:3911/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:17

Collier County SO

CARPENTER,CHRISTOPHER

09/05/2019

19817080A1

Collier County SO

CARPENTER,CHRISTOPHER,J

SEVILLA

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.079Control Test 22:02

0.000Air Blank 22:02

# 1 0.227Subject Sample 22:03

2.359Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.228Subject Sample 22:06

2.402Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 12/03/2018 14:49

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2711/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:36

Collier County SO

MCOY,.

09/05/2019

19817080A1

Collier County SO

GONZALES,Y,.

HASSELMAN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.079Control Test 03:30

0.000Air Blank 03:31

# 1 0.174Subject Sample 03:32

3.808Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.177Subject Sample 03:34

1.378Breath Volume 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4911/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:46

Collier County SO

ARNOLD,J

09/05/2019

19817080A1

Collier County SO

ARNOLD,J,

GUTIERREZ

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.078Control Test 03:41

0.000Air Blank 03:42

# 1 0.182Subject Sample 03:43

1.632Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.169Subject Sample 03:46

1.921Breath Volume 03:46

0.000Air Blank 03:47

0.078Control Test 03:47

Air Blank 03:48 RFI Detect

0.000Air Blank 03:48

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:08:3511/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

14:00

Collier County SO

SUEROLANTIGUA,J

09/05/2019

19817080A1

FHP Troop F

WILLIAMS,ZACHARY,H

ABREU SANCHEZ

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:02

0.000Air Blank 17:03

0.080Control Test 17:03

0.000Air Blank 17:04

# 1 0.000Subject Sample 17:04

2.843Breath Volume 17:04

0.000Air Blank 17:04

0.000Air Blank 17:06

# 2 0.000Subject Sample 17:07

2.496Breath Volume 17:07

0.000Air Blank 17:07

0.079Control Test 17:08

0.000Air Blank 17:08

OKDiagnostics Check 17:08

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2711/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:13

Collier County SO

STAFFORD,J

09/05/2019

19817080A1

Marco Island PD

ACUNTO,ANGELINA,M

GRUDEN

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:40

# 1 0.097Subject Sample 21:41

1.195Breath Volume 21:41

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.091Subject Sample 21:44

1.480Breath Volume 21:44

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:3511/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:10

Collier County SO

STUDZINSKI,K

09/05/2019

19817080A1

Collier County SO

PARKS,D,M

COOK

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

# 1 0.113Subject Sample 20:26

3.167Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.116Subject Sample 20:30

1.679Breath Volume 20:30

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:3611/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:22

FFWCC (West Palm)

STEARNS,MICHAEL

09/05/2019

19817080A1

FFWCC (West Palm)

WAGNER,CLAYTON,A

LEE

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.079Control Test 22:12

0.000Air Blank 22:12

# 1 0.177Subject Sample 22:13

2.367Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.185Subject Sample 22:16

1.925Breath Volume 22:16

0.000Air Blank 22:17

0.078Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:3211/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:14

16:21

Collier County SO

KENNEDY,DANIEL

09/05/2019

19817080A1

Collier County SO

KENNEDY,DANIEL,

NEAL III

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:38

0.000Air Blank 17:39

0.079Control Test 17:39

0.000Air Blank 17:40

# 1Subject Sample 17:43 No Sample Provided

0.000Breath Volume 17:43

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2Subject Sample 17:47 Subject Test Refused

0.000Breath Volume 17:47

0.000Air Blank 17:47

0.079Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:18:0411/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:07

Collier County SO

CORNELIUS,TIM

09/05/2019

19817080A1

Collier County SO

CORNELIUS,TIM,

LUNACEK

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.080Control Test 20:13

0.000Air Blank 20:14

# 1 0.143Subject Sample 20:14

2.566Breath Volume 20:14

0.000Air Blank 20:15

Air Blank 20:16 RFI Detect

0.000Air Blank 20:17

0.080Control Test 20:17

0.000Air Blank 20:17

OKDiagnostics Check 20:18

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:4411/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

19:07

Collier County SO

CORNELIUS,TIM

09/05/2019

19817080A1

Collier County SO

CORNELIUS,TIM,

LUNACEK

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:19

0.000Air Blank 20:19

0.079Control Test 20:20

0.000Air Blank 20:20

# 1 0.141Subject Sample 20:21

2.519Breath Volume 20:21

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.132Subject Sample 20:24

2.503Breath Volume 20:24

0.000Air Blank 20:24

0.080Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:2011/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:08

Collier County SO

MARTINEZ,E

09/05/2019

19817080A1

Naples PD

LUGO,JONATHAN,B

TOHILL

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.078Control Test 23:10

Air Blank 23:11 Purge Fail

Air Blank 23:12 Purge Fail

Data Download Date/Time: 12/03/2018 14:50

16 January 2019

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:2111/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

06:42

Collier County SO

ELLIS,SEAN

09/05/2019

19817080A1

Collier County SO

ELLIS,SEAN,R

BINGHAM

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:47

0.000Air Blank 07:48

0.080Control Test 07:48

0.000Air Blank 07:49

# 1 0.122Subject Sample 07:51

1.617Breath Volume 07:51

0.000Air Blank 07:52

0.000Air Blank 07:54

# 2 0.139Subject Sample 07:54

2.023Breath Volume 07:54

0.000Air Blank 07:55

0.078Control Test 07:55

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:0411/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:32

Collier County SO

KINNEY,M

09/05/2019

19817080A1

Collier County SO

ELIAS,D,

CONDE

11/05/2018

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.080Control Test 21:58

0.000Air Blank 21:58

# 1 0.180Subject Sample 21:59

2.667Breath Volume 21:59

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.181Subject Sample 22:02

1.722Breath Volume 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:04

Data Download Date/Time: 12/03/2018 14:50

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:43:0911/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:00

07:00

Glades County SO

CLENDENING,JAMES

01/05/2020

31517080A1

Glades County SO

BAXTER,AUDREY,D

RAMOS

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:41

0.000Air Blank 11:42

0.079Control Test 11:42 Interferent Detect

0.000Air Blank 11:43

Data Download Date/Time: 11/08/2018 16:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:5711/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:15

07:00

Glades County SO

CLENDENING,JAMES

01/05/2020

31517080A1

Glades County SO

BAXTER,AUDREY,D

RAMOS

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:45

0.000Air Blank 11:46

0.078Control Test 11:46 Interferent Detect

0.000Air Blank 11:46

Data Download Date/Time: 11/08/2018 16:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:56:1011/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:06

07:06

Glades County SO

CLENDENING,JAMES

01/05/2020

31517080A1

Glades County SO

PALLADINO,JOSEPH,D

RAMOS RIVERA

10/01/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:49

0.000Air Blank 11:49

0.078Control Test 11:50

0.000Air Blank 11:50

# 1 0.150Subject Sample 11:51

1.968Breath Volume 11:51

0.000Air Blank 11:52

0.000Air Blank 11:54

# 2 0.153Subject Sample 11:54

2.234Breath Volume 11:54

0.000Air Blank 11:55

0.077Control Test 11:55 Interferent Detect

0.000Air Blank 11:56

Data Download Date/Time: 11/08/2018 16:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:5611/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:00

07:00

Glades County SO

GLASS,D

01/05/2020

31517080A1

Glades County SO

BONILLA,JOSUE,D

RAMOS

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:51

0.000Air Blank 15:52

0.079Control Test 15:52

0.000Air Blank 15:53

# 1 0.074Subject Sample 15:53

2.492Breath Volume 15:53

0.000Air Blank 15:54

0.000Air Blank 15:56

# 2 0.073Subject Sample 15:56

2.351Breath Volume 15:56

0.000Air Blank 15:57

0.077Control Test 15:57

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 11/08/2018 16:19

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:06:2011/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

12:23

Glades County SO

MURRAY,S

01/05/2020

31517080A1

Glades County SO

BLANCO,ARIEL,D

ANDRES PEDRO

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:03

0.000Air Blank 13:03

0.078Control Test 13:04

0.000Air Blank 13:04

# 1Subject Sample 13:04 Subject Test Refused

0.000Breath Volume 13:04

0.000Air Blank 13:05

0.078Control Test 13:05

0.000Air Blank 13:06

OKDiagnostics Check 13:06

Data Download Date/Time: 01/03/2019 18:58

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:4811/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

07:00

19:22

Glades County SO

SEMPLE,WILLIAM

01/05/2020

31517080A1

Glades County SO

HICKS,CHRISTINA,L

RAMOS

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:52

0.000Air Blank 07:53

0.079Control Test 07:53

0.000Air Blank 07:53

# 1 0.079Subject Sample 07:54

2.347Breath Volume 07:54

0.000Air Blank 07:55

0.000Air Blank 07:56

# 2 0.076Subject Sample 07:57

2.027Breath Volume 07:57

0.000Air Blank 07:57

0.078Control Test 07:58

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 01/03/2019 18:58

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:4211/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

09:00

23:53

Glades County SO

6C04,SALGADO

01/05/2020

31517080A1

Glades County SO

HICKS,CHRISTINA,L

FAIRCLOTH

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:24

0.000Air Blank 09:25

0.079Control Test 09:25

0.000Air Blank 09:25

# 1 0.007Subject Sample 09:26

1.359Breath Volume 09:26

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.000Subject Sample 09:29

1.687Breath Volume 09:29

0.000Air Blank 09:29

0.077Control Test 09:30

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 01/03/2019 18:58

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000947CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:4811/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

19:29

Glades County SO

SANCHEZ,JUSTIN

01/05/2020

31517080A1

FHP Troop F

ROSARIO,FAUSTO,A

JOHNSON

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.077Control Test 20:09

0.000Air Blank 20:09

# 1 0.094Subject Sample 20:10

1.410Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:12

# 2 0.085Subject Sample 20:13

1.421Breath Volume 20:13

0.000Air Blank 20:13

0.077Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 01/03/2019 18:58

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3011/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

00:30

00:15

Glades County SO

JEAN,FRANTZ

02/05/2020

34917080A2

Glades County SO

ROSARIO,FAUSTO,A

FAIRCLOTH

11/08/2018

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:12

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 12/04/2018 14:45

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2011/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:46

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

KARDATZKE

10/30/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:57

# 1Subject Sample 01:58 RFI Detect

0.000Breath Volume 01:58

0.000Air Blank 01:58

0.080Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 11/26/2018 13:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:2011/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:46

Tallahassee PD

KELLER,DAVID

02/05/2019

34416090A2

Tallahassee PD

KELLER,DAVID,

KARDATZKE

10/30/2018

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:02 RFI Detect

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.083Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/26/2018 13:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000952CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0411/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:16

Franklin County SO

JAMES,STEVE

01/31/2020

686331

Franklin County SO

WEBB,THOMAS,J

BOWDEN

10/19/2018

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.083Control Test 00:34

0.000Air Blank 00:35

# 1 0.191Subject Sample 00:35

2.003Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.190Subject Sample 00:38

1.625Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:40

Data Download Date/Time: 11/12/2018 11:21

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:5611/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:28

Franklin County SO

TALLMAN,JOHN

01/31/2020

686331

FHP Troop H

HEWITT,JARED,S

CHESSER

10/19/2018

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 11/12/2018 11:16

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000954CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0811/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

12:02

Jefferson County SO

ADAMCZYK,ANDY

12/05/2019

29017080A3

Jefferson County SO

FISHER,JASON,D

SLIEKA

10/02/2018

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:36

0.078Control Test 01:36

0.000Air Blank 01:37

# 1 0.000Subject Sample 01:37

3.324Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.000Subject Sample 01:40

3.492Breath Volume 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 11/14/2018 13:51

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:34:0411/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:06

15:02

FHP Troop H

HENING,FREDRICK

05/05/2019

06717080A6

FHP Troop H

THOMPSON,RONDRICKA,N

WEISS

11/15/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:28

0.000Air Blank 15:29

0.081Control Test 15:29

0.000Air Blank 15:29

# 1Subject Sample 15:32 Subject Test Refused

0.000Breath Volume 15:32

0.000Air Blank 15:32

0.081Control Test 15:33

Air Blank 15:33 RFI Detect

0.000Air Blank 15:34

Data Download Date/Time: 12/06/2018 11:23

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:3411/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:06

15:02

FHP Troop H

HENING,FREDRICK

05/05/2019

06717080A6

FHP Troop H

THOMPSON,RONDRICKA,N

WEISS

11/15/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:07

0.081Control Test 20:07

0.000Air Blank 20:08

# 1Subject Sample 20:08 Subject Test Refused

0.000Breath Volume 20:08

0.000Air Blank 20:08

0.081Control Test 20:08

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 12/06/2018 11:23

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:5511/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:06

15:02

FHP Troop H

HENING,FREDRICK

05/05/2019

06717080A6

FHP Troop H

THOMPSON,RONDRICKA,N

WEISS

11/15/2018

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:17

0.081Control Test 20:17

0.000Air Blank 20:18

# 1Subject Sample 20:18 Subject Test Refused

0.000Breath Volume 20:18

0.000Air Blank 20:19

0.081Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 12/06/2018 11:23

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:3011/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:10

Orange County SO

RIVERA,VICTOR

11/05/2018

26316080A1

FHP Troop D

KOSH,TOBI,J

ROMAN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

# 1 0.095Subject Sample 02:18

2.894Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.093Subject Sample 02:21

2.320Breath Volume 02:21

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 11/01/2018 12:46

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5111/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:17

19:51

Orange County SO

PRINCE,BLAKE

07/05/2019

13917080A3

Ocoee PD

DAVIS,COURTNEY,L

DAHL

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:40

0.000Air Blank 20:40

0.079Control Test 20:40

0.000Air Blank 20:41

# 1 0.195Subject Sample 20:41

2.425Breath Volume 20:41

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.189Subject Sample 20:47

1.187Breath Volume 20:47

0.000Air Blank 20:47

0.080Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:4911/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:46

Orange County SO

MCSPADDEN,J

07/05/2019

13917080A3

Winter Garden PD

OKEEFE,ALEXIS,J

PRYOR

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

# 1 0.171Subject Sample 23:38

1.945Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.168Subject Sample 23:41

1.500Breath Volume 23:41

0.000Air Blank 23:41

0.079Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0011/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:36

Orange County SO

SCHOEN,ELLIS

07/05/2019

13917080A3

Winter Garden PD

OKEEFE,ALEXIS,J

STONE

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:32

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0411/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:42

Orange County SO

SLAVOVA,NATALIYA

07/05/2019

13917080A3

Ocoee PD

DAVIS,COURTNEY,L

FREEMAN

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.194Subject Sample 02:40

2.050Breath Volume 02:40

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.211Subject Sample 02:43

2.339Breath Volume 02:43

0.000Air Blank 02:44

0.079Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:45

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:1511/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:08

Orange County SO

RIVERA,VICTOR

07/05/2019

13917080A3

FHP Troop D

OKEEFE,ALEXIS,J

DESHAY

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1 0.139Subject Sample 03:49

1.265Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.139Subject Sample 03:52

1.441Breath Volume 03:52

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0011/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:26

Orange County SO

REYES,JOEL

07/05/2019

13917080A3

Orange County SO

OKEEFE,ALEXIS,J

CAMARGO DE FRANCHI

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

# 1 0.122Subject Sample 00:41

2.300Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.120Subject Sample 00:45

2.292Breath Volume 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:47

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:2611/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

05:47

05:47

Orange County SO

SANTTI,ROBERT

07/05/2019

13917080A3

Orange County SO

CANER,OSVALDO,

COCKRIEL

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:11

0.080Control Test 06:12

0.000Air Blank 06:12

# 1 0.073Subject Sample 06:13

5.734Breath Volume 06:13

0.000Air Blank 06:13

0.000Air Blank 06:15

# 2 0.074Subject Sample 06:16

5.640Breath Volume 06:16

0.000Air Blank 06:16

0.080Control Test 06:16

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:2211/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:08

Orange County SO

CORSO,ANTHONY

07/05/2019

13917080A3

Orange County SO

THOMPSON,CALEB,N

PEREZVASQUEZ

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

# 1 0.246Subject Sample 22:55

1.230Breath Volume 22:55

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.231Subject Sample 22:59

1.113Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:42:2611/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:05

Orange County SO

LOPEZ,ARNALDO

07/05/2019

13917080A3

FHP Troop D

KOSH,TOBI,J

JOSAPHANT

10/09/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:36

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:37

# 1 0.174Subject Sample 05:38

1.921Breath Volume 05:38

0.000Air Blank 05:38

0.000Air Blank 05:40

# 2 0.168Subject Sample 05:40

2.894Breath Volume 05:40

0.000Air Blank 05:41

0.080Control Test 05:41

0.000Air Blank 05:42

OKDiagnostics Check 05:42

Data Download Date/Time: 11/07/2018 12:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:2711/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:00

Orange County SO

GONCALVES,GUSTAVO

07/05/2019

13917080A3

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

FITTS

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

# 1 0.190Subject Sample 04:36

1.320Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.183Subject Sample 04:39

1.902Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/15/2018 10:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3211/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:09

Orange County SO

RAMIREZ,MATTHEW

07/05/2019

13917080A3

Ocoee PD

ROSARIO SANTIAGO,ELDALY,J

FIGUEROA ROMAN

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

# 1 0.192Subject Sample 23:14

2.207Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.191Subject Sample 23:17

1.179Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 11/15/2018 10:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:4211/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:21

Orange County SO

NUNEZ,ANDREW

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

MELGAR

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:13 Subject Test Refused

0.000Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 11/15/2018 10:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3411/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

00:03

Orange County SO

RIVERA,HERIBERTO

07/05/2019

13917080A3

Winter Garden PD

ROSARIO SANTIAGO,ELDALY,J

RIVERA

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.077Control Test 01:01

0.000Air Blank 01:01

# 1 0.298Subject Sample 01:02

2.050Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.290Subject Sample 01:05

2.355Breath Volume 01:05

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/15/2018 10:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:2111/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:15

Orange County SO

SCHOEN,ELIS

07/05/2019

13917080A3

Winter Garden PD

ROSARIO SANTIAGO,ELDALY,J

PYLES

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

# 1 0.205Subject Sample 22:06

2.281Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.207Subject Sample 22:09

2.601Breath Volume 22:09

0.000Air Blank 22:10

0.079Control Test 22:10

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 11/15/2018 10:44

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3111/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:39

Orange County SO

MENDOZA,ANGEL

07/05/2019

13917080A3

Orange County SO

DENSON,TRAVIS,W

OQUENDO

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

# 1 0.122Subject Sample 02:35

2.093Breath Volume 02:35

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.120Subject Sample 02:38

2.746Breath Volume 02:38

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/22/2018 11:08

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1011/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:19

Orange County SO

HAWKINS,DEBORAH

07/05/2019

13917080A3

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

OQUENDO

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.163Subject Sample 02:33

2.976Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.157Subject Sample 02:36

2.824Breath Volume 02:36

0.000Air Blank 02:37

0.081Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 11/22/2018 11:08

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1311/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:39

Orange County SO

HAWKINS,DEBORAH

07/05/2019

13917080A3

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

DE RIANCHO

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

# 1Subject Sample 05:04 No Sample Provided

0.000Breath Volume 05:04

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2Subject Sample 05:09 No Sample Provided

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 11/29/2018 10:30

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:5511/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:58

Orange County SO

RODRIGUEZ,YESSICA

07/05/2019

13917080A3

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

NEWSOME

11/07/2018

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:38

# 1Subject Sample 04:41 No Sample Provided

0.000Breath Volume 04:41

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2Subject Sample 04:47 No Sample Provided

0.000Breath Volume 04:47

0.000Air Blank 04:48

0.080Control Test 04:48

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 11/29/2018 10:30

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:1511/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:40

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

LOPEZ SALES

10/23/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

# 1 0.191Subject Sample 02:07

3.734Breath Volume 02:07

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.181Subject Sample 02:11

1.890Breath Volume 02:11

0.000Air Blank 02:12

0.081Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 11/16/2018 09:38

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:1511/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

04:42

FHP Troop H

LAZZARI,RYAN

12/05/2019

29017080A3

Quincy PD

GAINES,CRAIG,A

SIMON

10/23/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.080Control Test 05:21

0.000Air Blank 05:21

# 1 0.172Subject Sample 05:22

1.371Breath Volume 05:22

Air Blank 05:23 Purge Fail

Air Blank 05:24 Purge Fail

Data Download Date/Time: 11/16/2018 09:38

16 January 2019

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:5811/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

04:42

FHP Troop H

LAZZARI,RYAN

12/05/2019

29017080A3

Quincy PD

GAINES,CRAIG,A

SIMON

10/23/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.078Control Test 05:29

0.000Air Blank 05:29

# 1 0.164Subject Sample 05:30

1.382Breath Volume 05:30

0.000Air Blank 05:31

0.000Air Blank 05:32

# 2 0.170Subject Sample 05:33

1.882Breath Volume 05:33

0.000Air Blank 05:34

0.078Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 11/16/2018 09:38

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1211/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Quincy PD

FLINT,KILIAN

12/05/2019

29017080A3

Quincy PD

FLINT,KILIAN,A

MCCLOUD

11/16/2018

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:55 Subject Test Refused

0.000Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 12/05/2018 14:06

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5311/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:04

Kissimmee PD

CORUJO,PEDRO

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

RODRIGUEZ

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.216Subject Sample 01:46 Volume Not Met

0.593Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.223Subject Sample 01:49

1.136Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 3 0.240Subject Sample 01:54

1.152Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/06/2018 18:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0111/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:22

St. Cloud PD

AURIN,MICHAEL

12/05/2019

646645

St. Cloud PD

WAGER,WILLIAM,W

LINKOUS

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:03

# 1 0.182Subject Sample 02:04

2.019Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:06

# 2 0.162Subject Sample 02:07

2.449Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:09

Data Download Date/Time: 11/06/2018 18:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4111/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:50

St. Cloud PD

DARBOUZE,HYRAM

12/05/2019

646645

St. Cloud PD

WAGER,WILLIAM,W

CAMACHO

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:34

0.000Air Blank 02:34

0.078Control Test 02:35

0.000Air Blank 02:35

# 1 0.000Subject Sample 02:36

2.812Breath Volume 02:36

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.000Subject Sample 02:39

2.335Breath Volume 02:39

0.000Air Blank 02:39

0.078Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 11/06/2018 18:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:5011/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:18

St. Cloud PD

CONE,MAURICE

12/05/2019

646645

St. Cloud PD

WAGER,WILLIAM,W

SHANE

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

# 1 0.165Subject Sample 00:05

1.406Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.165Subject Sample 00:09

1.636Breath Volume 00:09

0.000Air Blank 00:09

0.078Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 11/06/2018 18:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3311/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:03

Osceola County SO

RODRIGUEZ,ALBERT

12/05/2019

646645

Osceola County SO

BEEKMAN,JACOB,C

BACH

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:48

# 1 0.201Subject Sample 01:48

2.089Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.197Subject Sample 01:52

1.679Breath Volume 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 11/06/2018 18:41

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0511/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:30

St. Cloud PD

MINERVINO,KRISTIN

12/05/2019

646645

Osceola County SO

FARI,ADAM,

BUTLER

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:24

0.000Air Blank 02:25

# 1 0.000Subject Sample 02:25

1.753Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.000Subject Sample 02:28

1.531Breath Volume 02:28

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:30

Data Download Date/Time: 12/03/2018 02:40

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1411/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:15

Kissimmee PD

CORUJO,PEDRO

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

REID

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.080Control Test 21:54

0.000Air Blank 21:55

# 1 0.222Subject Sample 21:56

1.230Breath Volume 21:56

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.197Subject Sample 21:59

1.238Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 3 0.202Subject Sample 22:04

1.667Breath Volume 22:04

0.000Air Blank 22:05

0.079Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 12/03/2018 02:40

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:2611/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

20:31

Kissimmee PD

JOSEPH,PASCAL

12/05/2019

646645

Kissimmee PD

CORUJO,PEDRO,L

LUGO

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.079Control Test 21:16

0.000Air Blank 21:17

# 1 0.168Subject Sample 21:18

2.968Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.171Subject Sample 21:21

2.566Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 12/03/2018 02:40

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:2511/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:26

Osceola County SO

BEEKMAN,JACOB

12/05/2019

646645

Osceola County SO

BEEKMAN,JACOB,C

MELECIO-DEJESUS

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:39

0.000Air Blank 21:39

0.079Control Test 21:40

0.000Air Blank 21:40

# 1 0.156Subject Sample 21:43

2.167Breath Volume 21:43

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.137Subject Sample 21:48 Volume Not Met

0.625Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 3 0.146Subject Sample 21:52

1.183Breath Volume 21:52

0.000Air Blank 21:53

0.078Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 12/03/2018 02:40

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:0611/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

09:28

FHP Troop D

SILVA,EMILIANO

12/05/2019

646645

FHP Troop D

SILVA,EMILIANO,R

BERNADETTE

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.105Subject Sample 22:32

1.738Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.109Subject Sample 22:35

1.226Breath Volume 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 12/03/2018 02:40

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:4411/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

18:46

Apopka PD

PITMAN,DAVID

11/05/2018

26316080A2

Apopka PD

BARNHORST,EDDIE,J

ALVAREZVENTURA

10/30/2018

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:25

0.000Air Blank 19:26

0.076Control Test 19:26

0.000Air Blank 19:27

# 1 0.267Subject Sample 19:28

2.152Breath Volume 19:28

0.000Air Blank 19:28

0.000Air Blank 19:30

# 2 0.272Subject Sample 19:31

1.617Breath Volume 19:31

0.000Air Blank 19:31

0.076Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 11/28/2018 16:09

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:3511/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:46

Apopka PD

GIARRATANA,JOHN

08/05/2020

13518080A5

Apopka PD

ELLER,ASHLEY,B

PEREZ-PEREZ

10/30/2018

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:01

0.000Air Blank 16:01

0.077Control Test 16:01

0.000Air Blank 16:02

# 1Subject Sample 16:05 RFI Detect

0.000Breath Volume 16:05

0.000Air Blank 16:05

0.079Control Test 16:05

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 11/28/2018 16:09

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000967CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:20:0411/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:46

Apopka PD

GIARRATANA,JOHN

08/05/2020

13518080A5

Apopka PD

ELLER,ASHLEY,B

PEREZ-PEREZ

10/30/2018

8100.27

APOPKA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:08

0.000Air Blank 16:09

0.078Control Test 16:09

0.000Air Blank 16:09

# 1Subject Sample 16:13 No Sample Provided

0.000Breath Volume 16:13

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2Subject Sample 16:18 No Sample Provided

0.000Breath Volume 16:18

0.000Air Blank 16:19

0.079Control Test 16:19

0.000Air Blank 16:19

OKDiagnostics Check 16:20

Data Download Date/Time: 11/28/2018 16:09

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4411/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:32

Osceola County SO

DOUVRES,MICHAEL

12/05/2019

646645

Kissimmee PD

LYONS,DANIEL,E

SERRANO

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.151Subject Sample 03:26

1.117Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.155Subject Sample 03:32

1.597Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/06/2018 18:35

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:1611/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

05:08

Osceola County SO

AKINS,JUSTIN

12/05/2019

646645

Osceola County SO

LYONS,DNIEL,E

DUNBAR

10/09/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.079Control Test 05:51

0.000Air Blank 05:51

# 1 0.000Subject Sample 05:52

2.773Breath Volume 05:52

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.000Subject Sample 05:54

2.519Breath Volume 05:54

0.000Air Blank 05:55

0.079Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 11/06/2018 18:35

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:20:5211/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:53

06:17

Osceola County SO

RODRIGUEZ,ALBERT

12/05/2019

646645

Osceola County SO

GAYLE,OWEN,D

THOMAS

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 07:14

0.000Air Blank 07:14

0.079Control Test 07:15

0.000Air Blank 07:15

# 1 0.000Subject Sample 07:16

1.398Breath Volume 07:16

0.000Air Blank 07:17

0.000Air Blank 07:19

# 2 0.000Subject Sample 07:19

1.417Breath Volume 07:19

0.000Air Blank 07:19

0.078Control Test 07:20

0.000Air Blank 07:20

OKDiagnostics Check 07:20

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:1311/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:31

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

STINSON

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

# 1 0.221Subject Sample 01:44

1.449Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.235Subject Sample 01:47

3.292Breath Volume 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:1511/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

GARCIA

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:49

# 1 0.166Subject Sample 22:53 Volume Not Met

0.843Breath Volume 22:53

0.000Air Blank 22:53

Air Blank 22:55 Ambient Fail

0.000Air Blank 22:56

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1811/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:10

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

GARCIA

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.079Control Test 22:59

0.000Air Blank 22:59

# 1 0.168Subject Sample 23:02

2.335Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.165Subject Sample 23:05

1.507Breath Volume 23:05

0.000Air Blank 23:06

0.078Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:4311/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:59

Osceola County SO

SAYERS,MICHELLE

12/05/2019

646645

Osceola County SO

SAYERS,MICHELLE,H

SANTOS

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.074Subject Sample 00:32

2.085Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.073Subject Sample 00:35

2.785Breath Volume 00:35

0.000Air Blank 00:35

0.079Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:4711/26/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:58

15:50

Osceola County SO

HOGUE,A

12/05/2019

646645

Osceola County SO

GAYLE,OWEN,D

OSORIO OROZCO

11/06/2018

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:22

0.000Air Blank 17:22

0.079Control Test 17:23

0.000Air Blank 17:23

# 1 0.227Subject Sample 17:25

1.148Breath Volume 17:25

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.223Subject Sample 17:29

1.867Breath Volume 17:29

0.000Air Blank 17:29

0.079Control Test 17:30

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 12/03/2018 02:17

16 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.


