
80-006170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:4412/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:59

Stuart PD

PECCI,Z

05/05/2019

06717080A7

Stuart PD

PECCI,Z,A

WHITELY

12/19/2018

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:02

0.000Air Blank 23:02

# 1 0.172Subject Sample 23:03

1.578Breath Volume 23:03

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.177Subject Sample 23:06

1.835Breath Volume 23:06

0.000Air Blank 23:06

0.079Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 01/13/2019 23:12

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:5312/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

04:17

Homestead PD

RODRIGUEZ,RAUL

04/07/2021

937240

Homestead PD

RODRIGUEZ,RAUL,

VI ASICONA

11/27/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:48

0.081Control Test 04:48

0.000Air Blank 04:49

# 1 0.211Subject Sample 04:50

1.753Breath Volume 04:50

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.206Subject Sample 04:53

2.527Breath Volume 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 12/19/2018 09:49

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:2312/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:42

Homestead PD

SINCORE,MICHAEL

04/07/2021

937240

Homestead PD

SINCORE,MICHAEL,A

GARCIAALVAREZ

11/27/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/19/2018 09:49

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1912/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:01

Homestead PD

MAYS,DARRYL

04/07/2021

937240

Homestead PD

MAYS,DARRYL,A

MIGUEL SOTO

11/27/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.082Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:46 No Sample Provided

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.082Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 12/19/2018 09:49

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:0612/15/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

10:55

Homestead PD

PEREZ,RAUL

04/07/2021

937240

Homestead PD

GILPIN,SCHELISA,

ENGLAND

11/27/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.079Control Test 21:23

0.000Air Blank 21:23

# 1 0.172Subject Sample 21:24

2.117Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.177Subject Sample 21:27

2.175Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 12/19/2018 09:49

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:5912/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

04:04

Homestead PD

RODRIGUEZ,RAUL

04/07/2021

937240

Homestead PD

RODRIGUEZ,RAUL,

RAMOS

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

# 1Subject Sample 05:15 No Sample Provided

0.000Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2Subject Sample 05:18 Subject Test Refused

0.000Breath Volume 05:18

0.000Air Blank 05:19

0.080Control Test 05:19

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 01/14/2019 08:34

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:2612/27/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:36

Homestead PD

RODRIGUEZ,RAUL

04/07/2021

937240

Homestead PD

RODRIGUEZ,RAUL,

VILLALONA

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.081Control Test 00:13

0.000Air Blank 00:13

# 1 0.171Subject Sample 00:17 Volume Not Met

0.078Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.168Subject Sample 00:22 Volume Not Met

0.097Breath Volume 00:22

0.000Air Blank 00:23

0.077Control Test 00:23

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 01/14/2019 08:35

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:22:5312/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:48

12:37

Homestead PD

QUIROGA,DIEGO

04/07/2021

937240

Homestead PD

QUIROGA,DIEGO,O

COLUNGA

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:16

0.000Air Blank 13:16

0.082Control Test 13:17

0.000Air Blank 13:17

# 1 0.034Subject Sample 13:18

3.433Breath Volume 13:18

0.000Air Blank 13:18

0.000Air Blank 13:20

# 2 0.031Subject Sample 13:21

2.230Breath Volume 13:21

0.000Air Blank 13:21

0.079Control Test 13:22

0.000Air Blank 13:22

OKDiagnostics Check 13:22

Data Download Date/Time: 01/14/2019 08:35

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:37:3512/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:46

Homestead PD

COSIO,C

04/07/2021

937240

Homestead PD

RPEREZ,RAUL,

ITZEP ALVAREZ

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:29

0.000Air Blank 15:29

0.079Control Test 15:29

0.000Air Blank 15:30

# 1Subject Sample 15:33 No Sample Provided

0.000Breath Volume 15:33

0.000Air Blank 15:34

0.000Air Blank 15:36

# 2Subject Sample 15:36 Subject Test Refused

0.000Breath Volume 15:36

0.000Air Blank 15:36

0.081Control Test 15:36

0.000Air Blank 15:37

OKDiagnostics Check 15:37

Data Download Date/Time: 01/14/2019 08:35

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:2012/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:53

Homestead PD

PEREZ,RAUL

04/07/2021

937240

Homestead PD

PEREZ,RAUL,

DELGADO HUERTA

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.080Control Test 19:38

0.000Air Blank 19:39

# 1Subject Sample 19:42 No Sample Provided

0.000Breath Volume 19:42

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2Subject Sample 19:44 Subject Test Refused

0.000Breath Volume 19:44

0.000Air Blank 19:45

0.081Control Test 19:45

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 01/14/2019 08:35

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006199CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:3112/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:32

15:18

Homestead PD

PEREZ,RAUL

04/07/2021

937240

Homestead PD

GILPIN,SCHELISA,

GONZALEZ VELIZ

12/19/2018

8100.27

HOMESTEAD PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:53

0.000Air Blank 15:54

0.080Control Test 15:54

0.000Air Blank 15:54

# 1 0.118Subject Sample 15:55

1.402Breath Volume 15:55

0.000Air Blank 15:56

0.000Air Blank 15:58

# 2 0.109Subject Sample 15:58

1.281Breath Volume 15:58

0.000Air Blank 15:59

0.081Control Test 15:59

0.000Air Blank 16:00

OKDiagnostics Check 16:00

Data Download Date/Time: 01/14/2019 08:35

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0012/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

23:14

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

HOYLE

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:40

0.079Control Test 23:40

0.000Air Blank 23:40

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:41

0.082Control Test 23:41

0.000Air Blank 23:42

FailDiagnostics Check 23:42 Analytical Stability Test

0.000Air Blank 23:43

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4612/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:34

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

FONSECA SOTO

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.082Control Test 01:43

0.000Air Blank 01:43

# 1 0.142Subject Sample 01:44

1.683Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.141Subject Sample 01:48

1.632Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4212/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:18

Lake County SO

WALSH,SHANNON

02/05/2019

34416080A2

Leesburg PD

PITCHER,DARRYL,P

BERRYMAN

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.082Control Test 00:39

0.000Air Blank 00:40

# 1Subject Sample 00:42 Subject Test Refused

0.000Breath Volume 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:1412/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:18

Lake County SO

WALSH,SHANNON

02/05/2019

34416080A2

Leesburg PD

PITCHER,DARRYL,P

BERRYMAN

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.201Subject Sample 00:51

1.457Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.209Subject Sample 00:54

2.125Breath Volume 00:54

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:5512/29/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:46

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

BINDER,BRONSON,M

GARDNER

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:01

# 1 0.177Subject Sample 03:05 Volume Not Met

0.527Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.209Subject Sample 03:10

1.398Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 3 0.212Subject Sample 03:13

1.449Breath Volume 03:13

0.000Air Blank 03:13

0.075Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006222CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4112/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:30

Lake County SO

PITCHER,D

02/05/2019

34416080A2

Lake County SO

CHESSHER,SANDRA,W

NEGRON

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.080Control Test 00:51

0.000Air Blank 00:51

# 1 0.231Subject Sample 00:52

3.816Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.240Subject Sample 00:55

3.265Breath Volume 00:55

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/01/2019 21:29

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:1712/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:17

Brevard County SO

BIVINS,HEATHER

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

RAUP

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.077Control Test 01:15

0.000Air Blank 01:15

# 1 0.260Subject Sample 01:16

1.343Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:18

# 2 0.272Subject Sample 01:19

1.511Breath Volume 01:19

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2012/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:39

Brevard County SO

WATSON,CANDICE

09/05/2019

19817080A3

Brevard County SO

WILKIN,SEAN,D

YOUNG

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.076Control Test 03:34

0.000Air Blank 03:35

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.075Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2512/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:54

Brevard County SO

PAYNE,TAYLOR

09/05/2019

19817080A3

Cocoa Beach PD

WILKIN,SEAN,D

SWAGGERTY

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.077Control Test 03:40

0.000Air Blank 03:40

# 1 0.210Subject Sample 03:41

1.808Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.215Subject Sample 03:44

1.449Breath Volume 03:44

0.000Air Blank 03:45

0.076Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:3612/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:31

Brevard County SO

BIVINS,HEATHER

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

FITZWATER

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:10

0.077Control Test 23:10

0.000Air Blank 23:11

# 1 0.348Subject Sample 23:11

1.218Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.349Subject Sample 23:14

1.691Breath Volume 23:14

0.000Air Blank 23:15

0.076Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:3812/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

02:14

Brevard County SO

BIVINS,HEATHER

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

MCCLELLAN

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:46

# 1 0.117Subject Sample 02:46

1.960Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.111Subject Sample 02:50

1.953Breath Volume 02:50

0.000Air Blank 02:50

0.077Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:3412/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:31

Brevard County SO

ORTIZ,DAVID

09/05/2019

19817080A3

Cocoa Beach PD

MOORE,KIMBERLY,N

OBRIEN

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.076Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:54

0.076Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2112/19/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:05

Brevard County SO

DIXON,DAVID

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

BRIMMER

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.078Control Test 01:43

0.000Air Blank 01:44

# 1 0.215Subject Sample 01:44

1.656Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.207Subject Sample 01:47

1.265Breath Volume 01:47

0.000Air Blank 01:48

0.077Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:1712/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:07

Brevard County SO

LADWIG,ROBERT

09/05/2019

19817080A3

Brevard County SO

LAKEMAN,TAYLOR,J

THOMPSON

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.077Control Test 02:53

0.000Air Blank 02:53

# 1 0.195Subject Sample 02:54

1.804Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.186Subject Sample 02:57

2.660Breath Volume 02:57

0.000Air Blank 02:58

0.076Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006233CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1212/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:02

Brevard County SO

BIVINS,HEATHER

09/05/2019

19817080A3

Brevard County SO

BIVINS,HEATHER,C

CELESTIN

11/30/2018

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.078Control Test 22:06

0.000Air Blank 22:06

# 1 0.197Subject Sample 22:07

2.300Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.205Subject Sample 22:11

1.726Breath Volume 22:11

0.000Air Blank 22:12

0.077Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 12/27/2018 17:21

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:4312/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:20

FHP Troop F

KENNEDY,JACOB

06/08/2019

437738

FHP Troop F

KENNEDY,JACOB,M

BOLANOS

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.081Control Test 03:24

0.000Air Blank 03:25

# 1 0.226Subject Sample 03:25

3.515Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.231Subject Sample 03:29

3.234Breath Volume 03:29

0.000Air Blank 03:29

0.081Control Test 03:30

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:1512/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:14

Hendry County SO

HAINLEY,W

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

GARCIA PEREZ

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.245Subject Sample 03:39 Volume Not Met

0.132Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.241Subject Sample 03:42

1.230Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 3 0.222Subject Sample 03:48 Volume Not Met

0.917Breath Volume 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:3112/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:25

Hendry County SO

HESTER,JAMES

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

SANTIAGO

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

0.000Air Blank 22:42

# 1 0.163Subject Sample 22:43

3.015Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.161Subject Sample 22:45

3.042Breath Volume 22:45

0.000Air Blank 22:46

0.081Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:1112/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

02:05

Hendry County SO

NORWOOD,CHRISTOPHER

06/08/2019

437738

Hendry County SO

NORWOOD,CHRISTOPHER,J

VELASCO

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.082Control Test 02:46

0.000Air Blank 02:47

# 1 0.000Subject Sample 02:47

2.605Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.000Subject Sample 02:50

4.160Breath Volume 02:50

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:3412/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:17

Hendry County SO

HESTER,JAMES

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

HUITE PAREDES

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:10

0.000Air Blank 20:11

0.082Control Test 20:11

0.000Air Blank 20:12

# 1 0.118Subject Sample 20:12

1.136Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.123Subject Sample 20:15

1.242Breath Volume 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0312/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

22:04

Hendry County SO

HESTER,JAMES

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

VILLANUEVA ALVAREZ

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.083Control Test 01:29

0.000Air Blank 01:30

# 1Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:32

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:3612/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

01:18

Hendry County SO

NORWOOD,C

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

GONZALEZ

11/28/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.083Control Test 01:47

0.000Air Blank 01:48

# 1 0.141Subject Sample 01:49

2.152Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.144Subject Sample 01:51

2.519Breath Volume 01:51

0.000Air Blank 01:52

0.083Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 12/26/2018 21:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:2312/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:10

Hendry County SO

NORWOOD,CHRISTOPHER

06/08/2019

437738

Hendry County SO

NORWOOD,CHRISTOPHER,J

VARNUM

12/26/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.082Control Test 05:28

0.000Air Blank 05:29

# 1 0.000Subject Sample 05:30

1.441Breath Volume 05:30

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.000Subject Sample 05:32

1.476Breath Volume 05:32

0.000Air Blank 05:33

0.081Control Test 05:33

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 01/06/2019 21:46

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006234CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:5012/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:50

Hendry County SO

HESTER,JAMES

06/08/2019

437738

Hendry County SO

HESTER,JAMES,R

BARRADAS PINA

12/26/2018

8100.27

HENDRY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.081Control Test 21:48

0.000Air Blank 21:49

# 1 0.043Subject Sample 21:49

1.597Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.043Subject Sample 21:52

1.402Breath Volume 21:52

0.000Air Blank 21:52

0.081Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/06/2019 21:46

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:2112/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:27

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

ESTRADA RUIZ

11/26/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.180Subject Sample 20:50

1.191Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.175Subject Sample 20:53

1.816Breath Volume 20:53

0.000Air Blank 20:54

0.078Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 12/17/2018 07:52

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:0812/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:30

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

BATISTA TERCERO

11/26/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.168Subject Sample 23:15

1.968Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:17

# 2 0.166Subject Sample 23:18

1.593Breath Volume 23:18

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 12/17/2018 07:52

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006236CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:2712/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:44

Manatee County SO

ROWE,BRANDON

12/10/2018

203498

Manatee County SO

ROWE,BRANDON,D

RODRIGUEZ AGUIRRE

11/26/2018

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1 0.105Subject Sample 22:11

1.296Breath Volume 22:11

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.114Subject Sample 22:13

1.113Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 12/17/2018 07:52

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:0012/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

00:29

Palm Beach County SO

CHIQUITO
RODRIGUEZ,LENNDY

08/05/2020

13518080A5

Palm Beach County SO

O'NEAL,SHARI,L

PEREZ VELASQUEZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.080Control Test 02:06

0.000Air Blank 02:06

# 1Subject Sample 02:09 No Sample Provided

0.000Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2Subject Sample 02:12 Subject Test Refused

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.081Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:14

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5912/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:51

Palm Beach County SO

TODD,ZION

08/05/2020

13518080A5

FHP Troop L

O'NEAL,SHARI,L

OVALLE

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.096Subject Sample 02:44

1.964Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.088Subject Sample 02:48

1.144Breath Volume 02:48

0.000Air Blank 02:49

0.078Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:3912/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:56

Palm Beach County SO

TODD,ZION

08/05/2020

13518080A5

FHP Troop L

O'NEAL,SHARI,L

NUNEZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.080Control Test 05:47

0.000Air Blank 05:48

# 1 0.093Subject Sample 05:49

2.363Breath Volume 05:49

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.096Subject Sample 05:52

2.390Breath Volume 05:52

0.000Air Blank 05:52

0.080Control Test 05:53

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0012/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

00:51

Palm Beach County SO

TODD,ZION

08/05/2020

13518080A5

FHP Troop L

POUND,PARIS,D

RIPPY III

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.136Subject Sample 02:23

1.785Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.142Subject Sample 02:26

2.414Breath Volume 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:28

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:1512/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:47

Palm Beach County SO

MCCOY,JOSHUA

08/05/2020

13518080A5

Palm Beach County SO

POUND,PARIS,D

REDDY

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.264Subject Sample 02:34

1.218Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.258Subject Sample 02:37

1.187Breath Volume 02:37

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:0112/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:12

17:56

Palm Beach County SO

ROBERTS,BRANDON

08/05/2020

13518080A5

Riviera Beach PD

OWEN,SUE,

COOPER

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.081Control Test 20:20

0.000Air Blank 20:21

# 1 0.243Subject Sample 20:22

1.496Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2 0.241Subject Sample 20:26

1.562Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:28

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2412/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

22:42

Palm Beach County SO

ROMERO,JUAN

08/05/2020

13518080A5

Palm Beach Gardens

BIGGS,JAMES,G

YEGHOIAN

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.081Control Test 23:40

0.000Air Blank 23:41

# 1 0.163Subject Sample 23:41

1.136Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.161Subject Sample 23:44

2.433Breath Volume 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:4712/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

04:30

Palm Beach County SO

LYNCH,GREG

08/05/2020

13518080A5

Palm Beach County SO

OWEN,SUE,

ARREAGA-ESCALANTE

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.134Subject Sample 05:12

2.050Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.134Subject Sample 05:15

2.054Breath Volume 05:15

0.000Air Blank 05:15

0.080Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:3312/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:50

Palm Beach County SO

LYNCH,GREGORY

08/05/2020

13518080A5

Palm Beach County SO

BIGGS,JAMES,G

DOR

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:47

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.100Subject Sample 01:49

2.152Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.098Subject Sample 01:52

2.257Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:2212/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:19

Palm Beach County SO

CARVER,CAMERON

08/05/2020

13518080A5

Palm Beach Gardens

POUND,PARIS,D

VARGAS

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.081Control Test 02:48

0.000Air Blank 02:48

# 1 0.138Subject Sample 02:49

1.277Breath Volume 02:49

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.144Subject Sample 02:52

1.425Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:4312/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

02:08

Palm Beach County SO

DOMINGUEZ,JAYMES

08/05/2020

13518080A5

Boynton Beach PD

POUND,PARIS,D

BOLTON

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

# 1 0.137Subject Sample 03:07

1.468Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.135Subject Sample 03:11

2.585Breath Volume 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:5712/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:49

Palm Beach County SO

TODD,ZION

08/05/2020

13518080A5

FHP Troop L

OWEN,SUE,

BOIVERT

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:42

0.000Air Blank 00:42

# 1 0.103Subject Sample 00:43

1.796Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.104Subject Sample 00:46

2.054Breath Volume 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:5012/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:40

Palm Beach County SO

TODD,ZION

08/05/2020

13518080A5

FHP Troop L

OWEN,SUE,

VELASQUEZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:36

0.081Control Test 15:36

0.000Air Blank 15:37

# 1 0.000Subject Sample 15:37

2.656Breath Volume 15:37

0.000Air Blank 15:38

0.000Air Blank 15:40

# 2 0.000Subject Sample 15:40

1.968Breath Volume 15:40

0.000Air Blank 15:40

0.080Control Test 15:41

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:25:4912/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:20

Palm Beach County SO

FREY,JACOB

08/05/2020

13518080A5

Palm Beach County SO

OWEN,SUE,

HENDERSON

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:14

0.000Air Blank 21:14

0.081Control Test 21:14

0.000Air Blank 21:15

# 1 0.165Subject Sample 21:18 Volume Not Met

0.585Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.177Subject Sample 21:24 Volume Not Met

0.363Breath Volume 21:24

0.000Air Blank 21:24

0.079Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:25

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:5912/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:20

Palm Beach County SO

FREY,JACOB

08/05/2020

13518080A5

Palm Beach County SO

OWEN,SUE,

HENDERSON

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.141Subject Sample 21:33 Volume Not Met

0.609Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:37

0.078Control Test 21:37

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1312/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:47

Palm Beach County SO

LYNCH,GREGORY

08/05/2020

13518080A5

Palm Beach County SO

PALMER,SAMANTHA,M

DACUS

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.190Subject Sample 22:57

2.164Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.164Subject Sample 23:00

1.214Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 3 0.169Subject Sample 23:04

1.535Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1512/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:35

Palm Beach County SO

MALDONADO,MARK

08/05/2020

13518080A5

Palm Beach Gardens

OWEN,SUE,

PENNY

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

# 1 0.146Subject Sample 01:21

1.441Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.151Subject Sample 01:24

2.437Breath Volume 01:24

0.000Air Blank 01:25

0.079Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:5612/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

18:58

Palm Beach County SO

CARVER,CAMERON

08/05/2020

13518080A5

Palm Beach Gardens

OWEN,SUE,

GIAMBONA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.081Control Test 20:09

0.000Air Blank 20:09

# 1 0.124Subject Sample 20:10

1.382Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.123Subject Sample 20:13

1.832Breath Volume 20:13

0.000Air Blank 20:14

0.081Control Test 20:14

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:5312/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:58

Palm Beach County SO

MOHAMMED,JOSHUA

08/05/2020

13518080A5

Delray Beach PD

O'NEAL,SHARI,L

OWENS

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:56

0.000Air Blank 22:56

# 1Subject Sample 22:59 No Sample Provided

0.000Breath Volume 22:59

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:1812/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

21:58

Palm Beach County SO

MOHAMMED,JOSHUA

08/05/2020

13518080A5

Delray Beach PD

O'NEAL,SHARI,L

OWENS

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.081Control Test 23:25

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:27

2.007Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:29

1.921Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1712/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:34

Palm Beach County SO

LYNCH,GREGORY

08/05/2020

13518080A5

Palm Beach County SO

PALMER,SAMANTHA,M

ACOSTA FIGUEROA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:5512/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:17

Palm Beach County SO

ROBERTS,BRANDON

08/05/2020

13518080A5

Riviera Beach PD

O'NEAL,SHARI,L

DANIEL

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:36

0.000Air Blank 23:36

0.080Control Test 23:36

0.000Air Blank 23:37

# 1 0.232Subject Sample 23:38

1.335Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.219Subject Sample 23:42

2.023Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 12/14/2018 13:56

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3112/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:54

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

JACKSON

11/21/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.083Control Test 23:03

0.000Air Blank 23:03

# 1 0.217Subject Sample 23:04

2.640Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.226Subject Sample 23:06

2.285Breath Volume 23:06

0.000Air Blank 23:07

0.083Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 12/30/2018 20:32

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4212/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:43

FHP Troop G

FARLEY,JOSEPH

02/07/2021

906364

FHP Troop G

FARLEY,JOSEPH,E

WILLIAMS SR

11/21/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.083Control Test 03:57

0.000Air Blank 03:57

# 1 0.121Subject Sample 03:58

1.929Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.116Subject Sample 04:01

3.039Breath Volume 04:01

0.000Air Blank 04:01

0.083Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 12/30/2018 20:32

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:5512/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

01:50

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

PAVLIK

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

# 1 0.133Subject Sample 02:42

2.386Breath Volume 02:42

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.133Subject Sample 02:45

2.324Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:46

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1412/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:37

Hillsborough Co SO

VELAZQUEZ,B

01/05/2020

31517080A1

U of So FL Campus PD

MONTGOMERY,ALECIA,L

LE

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1 0.082Subject Sample 03:29

2.074Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.080Subject Sample 03:32

2.578Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:0812/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:18

21:35

Hillsborough Co SO

LASKOWSKI,E

01/05/2020

31517080A1

FFWCC (Lakeland)

TORRES,JENIFER,

RICHARDSON JR

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.153Subject Sample 22:42

2.031Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:44

# 2 0.157Subject Sample 22:45

2.394Breath Volume 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4412/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:31

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

SOTO

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:15

# 1 0.096Subject Sample 00:16

1.160Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.095Subject Sample 00:19

2.113Breath Volume 00:19

0.000Air Blank 00:19

0.081Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5812/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:48

Hillsborough Co SO

SNAGGS,S

01/05/2020

31517080A1

Tampa PD

SMITH,REBECCA,J

MARTIN JR

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.081Control Test 01:10

0.000Air Blank 01:10

# 1 0.188Subject Sample 01:11

1.382Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.179Subject Sample 01:14

1.195Breath Volume 01:14

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0012/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:59

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

RIOS

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:37

0.000Air Blank 02:37

# 1 0.166Subject Sample 02:38

1.921Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:40

# 2 0.168Subject Sample 02:41

2.113Breath Volume 02:41

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:43

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:0412/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:02

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

ORTIZ

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.081Control Test 04:45

0.000Air Blank 04:46

# 1 0.167Subject Sample 04:47

1.304Breath Volume 04:47

0.000Air Blank 04:47

0.000Air Blank 04:49

# 2 0.169Subject Sample 04:50

1.714Breath Volume 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:52

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:0812/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:44

Hillsborough Co SO

SCHAEFER,J

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

JACKSON JR

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:33

# 1 0.107Subject Sample 06:34

1.812Breath Volume 06:34

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.105Subject Sample 06:37

1.867Breath Volume 06:37

0.000Air Blank 06:38

0.080Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2512/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:43

Hillsborough Co SO

BRABAND,M

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

NICOLAS

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

# 1 0.173Subject Sample 00:34

1.945Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.181Subject Sample 00:37

1.765Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:3812/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:41

19:18

Hillsborough Co SO

VAN-TREESE,S

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

MALDONADO

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.081Control Test 20:02

0.000Air Blank 20:02

# 1Subject Sample 20:02 Slope Not Met

1.167Breath Volume 20:02

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:4712/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:18

Hillsborough Co SO

VAN-TREESE,S

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

MALDONADO

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:25

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.265Subject Sample 20:27

2.671Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.265Subject Sample 20:31

2.832Breath Volume 20:31

0.000Air Blank 20:31

0.080Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:0512/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:03

Hillsborough Co SO

LYON,M

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

THORP

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.081Control Test 03:51

0.000Air Blank 03:51

# 1 0.190Subject Sample 03:53

2.929Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:55

# 2 0.184Subject Sample 03:56

1.441Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:3212/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:51

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

JOHNSON

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.082Control Test 01:45

0.000Air Blank 01:46

# 1 0.138Subject Sample 01:47

2.167Breath Volume 01:47

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.135Subject Sample 01:49

1.656Breath Volume 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1412/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:49

Hillsborough Co SO

BRABAND,M

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

HERNANDEZ-MARTINEZ

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.082Control Test 03:31

0.000Air Blank 03:31

# 1 0.123Subject Sample 03:33

2.113Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.126Subject Sample 03:36

2.609Breath Volume 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0012/06/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:58

Hillsborough Co SO

SNAGGS,S

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

THIBODEAUX

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:46

0.000Air Blank 23:47

# 1 0.158Subject Sample 23:48

2.761Breath Volume 23:48

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.159Subject Sample 23:51

3.531Breath Volume 23:51

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:53

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:3112/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:50

Hillsborough Co SO

SCHILLER,E

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

COLLEY

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:48

# 1Subject Sample 00:51 No Sample Provided

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.299Subject Sample 00:55

1.500Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 3 0.302Subject Sample 00:58

1.613Breath Volume 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:4512/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:05

Hillsborough Co SO

DEJESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

MORENO

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

# 1 0.164Subject Sample 03:45

2.164Breath Volume 03:45

0.000Air Blank 03:45

0.000Air Blank 03:47

# 2 0.171Subject Sample 03:48

2.273Breath Volume 03:48

0.000Air Blank 03:48

0.081Control Test 03:49

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:2612/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:57

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

IWAN

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

# 1 0.175Subject Sample 02:43

1.421Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.186Subject Sample 02:46

2.019Breath Volume 02:46

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:2612/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:41

Hillsborough Co SO

DE JESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

JIMENEZ-AGUILLON

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1 0.153Subject Sample 03:40

1.113Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:42

# 2 0.149Subject Sample 03:45

1.855Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2812/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:34

Hillsborough Co SO

BURKE,B

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

RONDON

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.080Control Test 22:15

0.000Air Blank 22:16

# 1 0.150Subject Sample 22:18

1.851Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.145Subject Sample 22:21

1.343Breath Volume 22:21

0.000Air Blank 22:22

0.077Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:2512/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:56

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

MOODY

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:53

0.081Control Test 20:53

0.000Air Blank 20:54

# 1 0.258Subject Sample 20:55

1.808Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:57

# 2 0.281Subject Sample 20:58

1.976Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 3 0.282Subject Sample 21:01

3.109Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3712/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:51

Hillsborough Co SO

HERNANDEZ,A

01/05/2020

31517080A1

FHP Troop C

HOLLAND,CHARLEENE,N

OLDENBURG

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.081Control Test 00:38

0.000Air Blank 00:39

# 1 0.218Subject Sample 00:39

1.609Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.199Subject Sample 00:43

1.386Breath Volume 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:2412/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:29

Hillsborough Co SO

ARCHAMBEAU,M

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

KNIGHT

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

# 1 0.189Subject Sample 00:35 Volume Not Met

0.089Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.187Subject Sample 00:39

1.546Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 3 0.183Subject Sample 00:42

1.859Breath Volume 00:42

0.000Air Blank 00:43

0.079Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:47:5312/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:17

13:58

Hillsborough Co SO

KRUTHERS,B

01/05/2020

31517080A1

Hillsborough Co SO

BELL,TIMOTHY,R

ROBINSON

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:41

0.000Air Blank 14:41

0.081Control Test 14:42

0.000Air Blank 14:42

# 1 0.253Subject Sample 14:43

1.648Breath Volume 14:43

0.000Air Blank 14:43

0.000Air Blank 14:45

# 2 0.242Subject Sample 14:46

2.210Breath Volume 14:46

0.000Air Blank 14:46

0.080Control Test 14:47

0.000Air Blank 14:47

OKDiagnostics Check 14:47

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:3512/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:46

Hillsborough Co SO

BRIGHTWELL,R

01/05/2020

31517080A1

U of So FL Campus PD

TORRES,JENIFER,

WILLIAMS

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.081Control Test 23:35

0.000Air Blank 23:35

# 1 0.134Subject Sample 23:36

3.375Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.135Subject Sample 23:39

3.636Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2512/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:20

Hillsborough Co SO

BURKE,B

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

BLAIR JR

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

# 1 0.179Subject Sample 02:01

1.355Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.191Subject Sample 02:04

2.308Breath Volume 02:04

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5412/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:15

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

SMITH,REBECCA,J

ULMER

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.081Control Test 03:01

0.000Air Blank 03:02

# 1 0.111Subject Sample 03:05

2.121Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.111Subject Sample 03:08

1.429Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:5612/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

05:03

Hillsborough Co SO

ARCHAMBEAU,M

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

WEST II

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.081Control Test 05:35

0.000Air Blank 05:36

# 1 0.151Subject Sample 05:36

3.234Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.156Subject Sample 05:40

2.964Breath Volume 05:40

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1812/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:52

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

SMITH,REBECCA,J

KEISER

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:05

0.000Air Blank 00:05

# 1 0.152Subject Sample 00:06

2.527Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.153Subject Sample 00:09

2.203Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:3612/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:17

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

DARBY

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

# 1 0.206Subject Sample 03:23

2.964Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.197Subject Sample 03:26

1.730Breath Volume 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:3212/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:48

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

DAVIES

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.081Control Test 21:31

0.000Air Blank 21:32

# 1 0.286Subject Sample 21:32 No .020 agreement

1.964Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.248Subject Sample 21:38 Volume Not Met

0.886Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 3 0.257Subject Sample 21:43 No .020 agreement

2.417Breath Volume 21:43

0.000Air Blank 21:44

0.077Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:1612/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:48

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

DAVIES

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.077Control Test 21:47

0.000Air Blank 21:48

# 1 0.248Subject Sample 21:49

1.453Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.076Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:1912/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:48

Hillsborough Co SO

FISHER,T

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

DAVIES

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:56

# 1 0.278Subject Sample 21:57

1.925Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 21:59

# 2 0.249Subject Sample 22:00

1.554Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 3 0.235Subject Sample 22:05

1.496Breath Volume 22:05

0.000Air Blank 22:06

0.078Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:1912/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:11

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

BARNES AVERY,DAVARIA,C

MOLINA

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

# 1Subject Sample 23:09 Subject Test Refused

0.000Breath Volume 23:09

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006385CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:0912/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:32

Hillsborough Co SO

RODRIGUEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

RYAN

11/01/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.080Control Test 04:34

0.000Air Blank 04:34

# 1 0.000Subject Sample 04:35

2.820Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.000Subject Sample 04:38

2.816Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 12/18/2018 19:17

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:1412/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:18

Pensacola PD

BYRD,BRANDON

01/05/2019

32316080A2

Pensacola PD

BYRD,BRANDON,C

NGUYEN

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.080Control Test 19:16

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:18

1.593Breath Volume 19:18

0.000Air Blank 19:18

0.000Air Blank 19:20

# 2 0.000Subject Sample 19:21

1.320Breath Volume 19:21

0.000Air Blank 19:22

0.081Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:4912/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:50

Pensacola PD

WILLIAMS,BRANDON

01/05/2019

32316080A2

Pensacola PD

BYRD,BRANDON,C

FLOYD

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.082Control Test 22:41

0.000Air Blank 22:42

# 1 0.115Subject Sample 22:43

1.488Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.117Subject Sample 22:46

1.789Breath Volume 22:46

0.000Air Blank 22:46

0.081Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1412/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

00:04

Escambia County SO

LEE,JAMES

01/05/2019

32316080A2

Escambia County SO

LEE,JAMES,E

PATTERSON

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.082Control Test 00:54

0.000Air Blank 00:54

# 1 0.046Subject Sample 00:55

3.101Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.043Subject Sample 00:58

3.292Breath Volume 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:5512/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

04:18

Pensacola PD

DILLASHAW,HUNTER

01/05/2019

32316080A2

Pensacola PD

DILLASHAW,HUNTER,C

DARBY

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

# 1 0.207Subject Sample 04:47

2.089Breath Volume 04:47

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.208Subject Sample 04:51

2.105Breath Volume 04:51

0.000Air Blank 04:52

0.075Control Test 04:52

0.000Air Blank 04:52

OKDiagnostics Check 04:52

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4312/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:55

Pensacola PD

HUAL,MICHAEL

01/05/2019

32316080A2

Pensacola PD

GARY,ADAM,C

BORN

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.077Control Test 03:30

0.000Air Blank 03:31

# 1 0.124Subject Sample 03:32

3.957Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.118Subject Sample 03:35

3.558Breath Volume 03:35

0.000Air Blank 03:35

0.077Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:47:2612/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

07:37

FHP Troop A

MARTINEZ,HENDRICK

01/05/2019

32316080A2

FHP Troop A

MARTINEZ,HENDRICK,J

CHILDERS

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:40

0.000Air Blank 08:41

0.081Control Test 08:41

0.000Air Blank 08:41

# 1 0.189Subject Sample 08:42

3.132Breath Volume 08:42

0.000Air Blank 08:43

0.000Air Blank 08:45

# 2 0.181Subject Sample 08:45

2.761Breath Volume 08:45

0.000Air Blank 08:46

0.080Control Test 08:46

0.000Air Blank 08:47

OKDiagnostics Check 08:47

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006435CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:3412/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:48

15:38

Escambia County SO

WILSON,ADAM

01/05/2019

32316080A2

Escambia County SO

CHAMLIS,STEFAN,R

GALARSA

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:12

0.000Air Blank 17:12

0.079Control Test 17:13

0.000Air Blank 17:13

# 1 0.300Subject Sample 17:16

1.937Breath Volume 17:16

0.000Air Blank 17:17

0.000Air Blank 17:18

# 2 0.285Subject Sample 17:21 Volume Not Met

0.714Breath Volume 17:21

0.000Air Blank 17:22

0.000Air Blank 17:24

# 3 0.287Subject Sample 17:24

1.558Breath Volume 17:24

0.000Air Blank 17:25

0.074Control Test 17:25 Control Outside Tolerance

0.000Air Blank 17:26

Data Download Date/Time: 01/04/2019 11:27

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006436CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:0812/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

23:03

FHP Troop A

KNOWLES,CONSTANCE

01/05/2019

32316080A2

FHP Troop A

KNOWLES,CONSTANCE,J

CARTER

11/26/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.078Control Test 23:28

0.000Air Blank 23:28

# 1Subject Sample 23:31 No Sample Provided

0.000Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2Subject Sample 23:34 Subject Test Refused

0.000Breath Volume 23:34

0.000Air Blank 23:35

0.078Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 12/19/2018 08:18

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:5612/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:14

Miami PD

TARGIA,FRANK

11/05/2019

620051

Miami PD

TARGIA,FRANK,

HERNANDEZ

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:21

0.000Air Blank 17:21

0.080Control Test 17:21

0.000Air Blank 17:22

# 1 0.119Subject Sample 17:23

1.730Breath Volume 17:23

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2 0.111Subject Sample 17:26

1.152Breath Volume 17:26

0.000Air Blank 17:27

0.077Control Test 17:27

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 12/27/2018 15:15

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1012/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:48

Coral Gables PD

PEREZ,ANDREA

11/05/2019

620051

Coral Gables PD

LUKSA,ANDREW,

CASTANO

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

# 1 0.167Subject Sample 02:38

1.867Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.167Subject Sample 02:42

1.800Breath Volume 02:42

0.000Air Blank 02:43

0.074Control Test 02:43 Control Outside Tolerance

0.000Air Blank 02:44

Data Download Date/Time: 12/27/2018 15:15

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006457CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4512/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

23:53

Miami PD

NAVA,PEDRO

11/05/2019

620051

Miami PD

NAVA,PEDRO,J

MONASTERIOS

11/27/2018

8100.27

MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

# 1Subject Sample 01:26 Subject Test Refused

0.000Breath Volume 01:26

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 12/27/2018 15:15

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:5712/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

19:49

Monroe County SO

SWOGGER,EDWARD

03/07/2021

915310

Monroe County SO

SWOGGER,EDWARD,A

AVILA

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.078Control Test 20:42

0.000Air Blank 20:43

# 1 0.174Subject Sample 20:43

1.605Breath Volume 20:43

0.000Air Blank 20:44

0.000Air Blank 20:46

# 2 0.166Subject Sample 20:47

1.500Breath Volume 20:47

0.000Air Blank 20:48

0.077Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:5412/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:20

04:32

Monroe County SO

SWOGGER,EDWARD

03/07/2021

915310

Monroe County SO

SWOGGER,EDWARD,A

PAINE

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.079Control Test 05:41

0.000Air Blank 05:42

# 1Subject Sample 05:42 Subject Test Refused

0.000Breath Volume 05:42

0.000Air Blank 05:42

0.079Control Test 05:43

0.000Air Blank 05:43

OKDiagnostics Check 05:43

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:2312/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:16

Key West PD

TYLER,BRYAN

10/05/2020

823252

Key West PD

TYLER,BRYAN,D

TINGLEY

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.077Control Test 01:03

0.000Air Blank 01:03

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:3112/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:13

Key West PD

HUDSON,ANDREW

10/05/2020

823252

Key West PD

HUDSON,ANDREW,J

URISTA

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.078Control Test 00:53

0.000Air Blank 00:53

# 1Subject Sample 00:55 Subject Test Refused

0.000Breath Volume 00:55

0.000Air Blank 00:55

0.078Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:2412/04/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:27

06:27

Key West PD

KEOHANE,KUNIKO

03/07/2021

915310

Key West PD

KEOHANE,KUNIKO,

FOWLER

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:47

0.000Air Blank 06:48

0.078Control Test 06:48

0.000Air Blank 06:49

# 1 0.255Subject Sample 06:52

2.640Breath Volume 06:52

0.000Air Blank 06:53

0.000Air Blank 06:54

# 2 0.264Subject Sample 06:55

2.824Breath Volume 06:55

0.000Air Blank 06:56

0.075Control Test 06:56

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3512/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:35

Key West PD

HUDSON,ANDREW

10/05/2020

823252

Key West PD

HUDSON,ANDREW,J

ARAGON MAZARIEGOS

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.077Control Test 01:11

0.000Air Blank 01:11

# 1 0.288Subject Sample 01:14

2.207Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.256Subject Sample 01:17

1.878Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 3 0.258Subject Sample 01:20

1.812Breath Volume 01:20

0.000Air Blank 01:21

0.074Control Test 01:21 Control Outside Tolerance

0.000Air Blank 01:22

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:0212/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:21

Monroe County SO

SWOGGER,EDWARD

03/07/2021

915310

Monroe County SO

SWOGGER,EDWARD,A

QUINN

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.078Control Test 01:09

0.000Air Blank 01:09

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:13

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:36:2212/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

18:51

Monroe County SO

WATKINS,MICHAEL

10/05/2020

823252

Monroe County SO

LANE,JONATHAN,M

CAPOTE

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:31

0.000Air Blank 20:32

0.077Control Test 20:32

0.000Air Blank 20:32

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:35

0.078Control Test 20:35

0.000Air Blank 20:36

OKDiagnostics Check 20:36

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3212/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:44

Key West PD

HUDSON,ANDREW

10/05/2020

823252

Key West PD

HUDSON,ANDREW,J

DAVIES

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.077Control Test 22:29

0.000Air Blank 22:29

# 1 0.169Subject Sample 22:30

2.085Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.162Subject Sample 22:33

1.328Breath Volume 22:33

0.000Air Blank 22:34

0.076Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 12/12/2018 13:22

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5012/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

00:09

FHP Troop E

TORRECILLAS,J

10/05/2020

915310

Key West PD

BLYTH,KYLE,A

MILESKI

11/01/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:38

# 1 0.185Subject Sample 00:39

1.722Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2Subject Sample 00:42 RFI Detect

0.859Breath Volume 00:42

Air Blank 00:42 RFI Detect

Air Blank 00:42 RFI Detect

Data Download Date/Time: 12/12/2018 13:22

14 January 2019

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2112/14/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:53

Monroe County SO

O'CONNELL,SHANNON

10/05/2020

823252

Monroe County SO

O'CONNELL,SHANNON,N

FERCHER

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.078Control Test 21:25

0.000Air Blank 21:25

# 1Subject Sample 21:25 Subject Test Refused

0.000Breath Volume 21:25

0.000Air Blank 21:26

0.078Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4112/18/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:16

Key West PD

HUDSON,ANDREW

10/05/2020

823252

Key West PD

HUDSON,ANDREW,J

WILKERSON

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:52

# 1 0.150Subject Sample 00:53

1.804Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.130Subject Sample 00:55

1.714Breath Volume 00:55

0.000Air Blank 00:56

0.076Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:19:1812/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:52

07:20

Monroe County SO

WARREN,BRANDON

10/05/2020

823252

Monroe County SO

MARTIN-REYES,JUAN,C

KLINGE

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 08:12

0.000Air Blank 08:13

0.078Control Test 08:13

0.000Air Blank 08:13

# 1 0.157Subject Sample 08:14

1.703Breath Volume 08:14

0.000Air Blank 08:15

0.000Air Blank 08:17

# 2 0.168Subject Sample 08:17

2.769Breath Volume 08:17

0.000Air Blank 08:18

0.077Control Test 08:18

0.000Air Blank 08:19

OKDiagnostics Check 08:19

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:1612/20/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:32

Monroe County SO

MOELLER,JENNA

10/05/2020

823252

Monroe County SO

O'CONNELL,SHANNON,N

GATIEN

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:25

0.078Control Test 19:25

0.000Air Blank 19:26

# 1 0.284Subject Sample 19:26

2.203Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:29

# 2 0.290Subject Sample 19:29

2.074Breath Volume 19:29

0.000Air Blank 19:30

0.077Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:16:2412/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:30

Monroe County SO

RODDY,AARON

10/05/2020

823252

Monroe County SO

BRINGLE,STEVEN,A

BRINGLE

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:14

0.000Air Blank 17:14

0.079Control Test 17:15

0.000Air Blank 17:15

# 1Subject Sample 17:15 Sequence Aborted

0.000Breath Volume 17:15

0.000Air Blank 17:16

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:1612/21/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:30

Monroe County SO

RODDY,AARON

10/05/2020

823252

Monroe County SO

ALLEN,JOHN,M

BRINGLE

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:19

0.079Control Test 17:19

0.000Air Blank 17:20

# 1Subject Sample 17:23 No Sample Provided

0.000Breath Volume 17:23

0.000Air Blank 17:23

0.000Air Blank 17:25

# 2Subject Sample 17:28 No Sample Provided

0.000Breath Volume 17:28

0.000Air Blank 17:29

0.080Control Test 17:29

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:58:2512/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

08:08

Key West PD

KEOHANE,KUNIKO

03/07/2021

915310

Key West PD

KEOHANE,KUNIKO,

MORRIS

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:52

0.000Air Blank 08:52

0.080Control Test 08:53

0.000Air Blank 08:53

# 1 0.000Subject Sample 08:54

2.910Breath Volume 08:54

0.000Air Blank 08:54

0.000Air Blank 08:56

# 2 0.000Subject Sample 08:57

3.300Breath Volume 08:57

0.000Air Blank 08:57

0.080Control Test 08:57

0.000Air Blank 08:58

OKDiagnostics Check 08:58

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:4412/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:31

Key West PD

TELLIER,JEREMEY

10/05/2020

823252

Key West PD

TELLIER,JEREMEY,J

CABRERA

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.079Control Test 03:16

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:2312/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:19

Key West PD

HUDSON,ANDREW

10/05/2020

823252

Key West PD

HUDSON,ANDREW,J

NOVY

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 05:00

0.077Control Test 05:00

0.000Air Blank 05:00

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:01

0.078Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:05:1512/28/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:31

10:11

Key West PD

YOUNG,JESSE

10/05/2020

823252

Key West PD

YOUNG,JESSE,A

VANHORN

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:59

0.000Air Blank 13:59

0.078Control Test 14:00

0.000Air Blank 14:00

# 1 0.000Subject Sample 14:00

2.433Breath Volume 14:00

0.000Air Blank 14:01

0.000Air Blank 14:03

# 2 0.000Subject Sample 14:03

2.015Breath Volume 14:03

0.000Air Blank 14:04

0.079Control Test 14:04

0.000Air Blank 14:05

OKDiagnostics Check 14:05

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:5212/30/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

21:50

Monroe County SO

ROBINSON,DAVID

10/05/2020

823252

FFWCC (West Palm)

DAVIS,ALEXANDRA,M

BURTTRAM

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:12

0.078Control Test 00:12

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:13

1.398Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.000Subject Sample 00:16

1.347Breath Volume 00:16

0.000Air Blank 00:16

0.078Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006471CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:40:3412/31/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:09

15:09

Key West PD

KEOHANE,KUNIKO

10/05/2020

823252

Key West PD

KEOHANE,KUNIKO,

FERGUSON

12/12/2018

8100.27

MONROE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:36

0.000Air Blank 15:37

0.079Control Test 15:37

0.000Air Blank 15:37

# 1Subject Sample 15:39 Subject Test Refused

0.000Breath Volume 15:39

0.000Air Blank 15:39

0.078Control Test 15:39

0.000Air Blank 15:40

OKDiagnostics Check 15:40

Data Download Date/Time: 01/02/2019 10:59

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4812/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

00:06

Village of Pinecrest

CABRERA,CARLOS

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

VILCHEZ

11/02/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.078Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:34

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 12/28/2018 11:44

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:0712/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:11

Village of Pinecrest

ABRAMSON,SHELBY

10/05/2019

22817080A4

Village of Pinecrest

ABRAMSON,SHELBY,L

PURCE

11/02/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:37

# 1 0.101Subject Sample 03:39

1.710Breath Volume 03:39

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.094Subject Sample 03:42

1.910Breath Volume 03:42

0.000Air Blank 03:43

0.077Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 12/28/2018 11:44

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1212/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:19

South Miami PD

MUNOZ,ROBERT

10/05/2019

22817080A4

Village of Pinecrest

LANDA,CHELSY,

FERNANDINO

11/02/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.079Control Test 01:20

0.000Air Blank 01:20

# 1 0.000Subject Sample 01:21

1.886Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.000Subject Sample 01:24

3.312Breath Volume 01:24

0.000Air Blank 01:25

0.076Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 12/28/2018 11:44

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:3812/17/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:19

South Miami PD

MUNOZ,ROBERT

10/05/2019

22817080A4

Village of Pinecrest

LANDA,CHELSY,

FERNANDINO

11/02/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.077Control Test 01:36

0.000Air Blank 01:36

# 1 0.000Subject Sample 01:37

3.113Breath Volume 01:37

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.000Subject Sample 01:40

3.296Breath Volume 01:40

0.000Air Blank 01:40

0.077Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 12/28/2018 11:44

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006473CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:39:2112/25/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

13:00

Village of Pinecrest

CRUZ,EDISON

10/05/2019

22817080A4

Village of Pinecrest

CRUZ,EDISON,B

NUNEZ

11/02/2018

8100.27

PINECREST PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:32

0.000Air Blank 13:33

0.079Control Test 13:33

0.000Air Blank 13:33

# 1 0.220Subject Sample 13:34

3.136Breath Volume 13:34

0.000Air Blank 13:35

0.000Air Blank 13:37

# 2 0.223Subject Sample 13:37

3.027Breath Volume 13:37

0.000Air Blank 13:38

0.078Control Test 13:38

0.000Air Blank 13:39

OKDiagnostics Check 13:39

Data Download Date/Time: 12/28/2018 11:44

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5812/02/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:14

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

WILLIAMS

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.079Control Test 02:44

0.000Air Blank 02:44

# 1 0.208Subject Sample 02:45

2.148Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.212Subject Sample 02:48

2.304Breath Volume 02:48

0.000Air Blank 02:49

0.079Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4812/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

SCAPECCHI

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.079Control Test 02:41

0.000Air Blank 02:42

# 1Subject Sample 02:43 RFI Detect

1.960Breath Volume 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0212/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

02:12

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

SCAPECCHI

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.079Control Test 02:47

0.000Air Blank 02:47

# 1 0.176Subject Sample 02:48

1.148Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.176Subject Sample 02:51

2.839Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:53

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:0112/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

04:02

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

KELEHER

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

# 1 0.250Subject Sample 04:26

1.183Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.235Subject Sample 04:29

1.753Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:31

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3712/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:38

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

THOMPSON

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.079Control Test 04:00

0.000Air Blank 04:00

# 1 0.091Subject Sample 04:03 Volume Not Met

0.019Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.099Subject Sample 04:07

1.335Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 3 0.092Subject Sample 04:12

1.335Breath Volume 04:12

0.000Air Blank 04:12

0.079Control Test 04:13

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:3012/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

01:09

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

TYSON

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.078Control Test 01:38

0.000Air Blank 01:38

# 1 0.114Subject Sample 01:38

2.500Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.113Subject Sample 01:41

2.433Breath Volume 01:41

0.000Air Blank 01:42

0.080Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2512/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:58

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

JEANTINOR

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

# 1 0.203Subject Sample 00:21

2.675Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.206Subject Sample 00:24

1.781Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:2412/16/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

04:03

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

RAMBARATH

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:27

# 1 0.131Subject Sample 04:28

1.328Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.129Subject Sample 04:31

1.199Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:0012/22/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

05:27

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

BEAUVAIS

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:54

0.000Air Blank 05:54

0.079Control Test 05:54

0.000Air Blank 05:55

# 1 0.128Subject Sample 05:58 Volume Not Met

0.128Breath Volume 05:58

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.140Subject Sample 06:01

2.492Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 3 0.145Subject Sample 06:04

2.070Breath Volume 06:04

0.000Air Blank 06:05

0.077Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:06

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0612/23/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:54

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

TANSILL

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1 0.225Subject Sample 03:20

1.578Breath Volume 03:20

0.000Air Blank 03:21

0.000Air Blank 03:22

# 2 0.215Subject Sample 03:23

1.175Breath Volume 03:23

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006475CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:4612/24/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:32

Broward County SO

SERPHOS,STEVEN

09/05/2019

19817080A1

Broward County SO

SERPHOS,STEVEN,A

GIORDANO

11/14/2018

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1 0.205Subject Sample 02:55

2.652Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.210Subject Sample 02:58

2.320Breath Volume 02:58

0.000Air Blank 02:58

0.080Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 12/26/2018 15:24

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:5212/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:33

Palm Beach County SO

SOLOWAY,ALAN

05/05/2020

05218080A3

Palm Beach County SO

BIGGS,JAMES,G

CABREJA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:1612/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:48

Palm Beach County SO

MCCOY,JOSHUA

05/05/2020

05218080A3

Palm Beach County SO

BIGGS,JAMES,G

RIVERA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:41

0.079Control Test 06:41

0.000Air Blank 06:41

# 1 0.230Subject Sample 06:42

2.808Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.228Subject Sample 06:45

2.765Breath Volume 06:45

0.000Air Blank 06:46

0.080Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:5512/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:52

Palm Beach County SO

DOMINGUEZ,JAYMES

05/05/2020

05218080A3

Boynton Beach PD

PARENT,GARY,J

FITZPATRICK

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.079Control Test 19:50

0.000Air Blank 19:51

# 1 0.153Subject Sample 19:52

3.089Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.139Subject Sample 19:56

1.937Breath Volume 19:56

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:5512/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:09

Palm Beach County SO

SLAUGHTER,KRISTIN

05/05/2020

05218080A3

Palm Beach Gardens

PARENT,GARY,J

MCAULEY

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:10

# 1 0.117Subject Sample 21:11

1.511Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.120Subject Sample 21:15

1.511Breath Volume 21:15

0.000Air Blank 21:15

0.079Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:1712/01/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:30

Palm Beach County SO

SCARTOZZI,PATRICK

05/05/2020

05218080A3

Palm Beach County SO

PARENT,GARY,J

RIVERA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.220Subject Sample 22:17

1.527Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.219Subject Sample 22:20

1.105Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4712/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:29

Palm Beach County SO

TODD,ZION

05/05/2020

05218080A3

FHP Troop L

MOYNIHAN,KERIANE,M

ESKARIYAT

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:30

0.079Control Test 01:30

0.000Air Blank 01:31

# 1 0.000Subject Sample 01:31

1.933Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.000Subject Sample 01:34

2.078Breath Volume 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:2212/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:42

Palm Beach County SO

STREIGOLD,DAVID

05/05/2020

05218080A3

West Palm Beach PD

MOYNIHAN,KERIANE,M

CASTILLO

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1 0.161Subject Sample 04:27

1.906Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.163Subject Sample 04:30

1.984Breath Volume 04:30

0.000Air Blank 04:31

0.078Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3812/03/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:11

Palm Beach County SO

PHILIPPE,BENDJY

05/05/2020

05218080A3

Delray Beach PD

MOYNIHAN,KERIANE,M

RIDDELL

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:03

# 1 0.209Subject Sample 23:04

1.753Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:06

# 2 0.180Subject Sample 23:10 Volume Not Met

0.523Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 3 0.223Subject Sample 23:12

1.843Breath Volume 23:12

0.000Air Blank 23:13

0.077Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:1112/05/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:48

Palm Beach County SO

DILLARD,DANIEL

05/05/2020

05218080A3

West Palm Beach PD

PARENT,GARY,J

CUNNIFF

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:59

0.000Air Blank 17:00

0.079Control Test 17:00

0.000Air Blank 17:01

# 1 0.371Subject Sample 17:02

2.277Breath Volume 17:02

0.000Air Blank 17:02

0.000Air Blank 17:04

# 2 0.365Subject Sample 17:05

1.945Breath Volume 17:05

0.000Air Blank 17:06

0.079Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:0212/07/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:20

Palm Beach County SO

LYNCH,GREGORY

05/05/2020

05218080A3

Palm Beach County SO

PARENT,GARY,J

WEERASURIYA

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.080Control Test 22:20

0.000Air Blank 22:21

# 1 0.221Subject Sample 22:22

1.738Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:24

# 2 0.218Subject Sample 22:25

1.687Breath Volume 22:25

0.000Air Blank 22:26

0.078Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:27

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4112/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:37

Palm Beach County SO

LYNCH,GREGORY

05/05/2020

05218080A3

Palm Beach County SO

MOYNIHAN,KERIANE,M

PAUL

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:29

# 1 0.186Subject Sample 02:30

1.984Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.186Subject Sample 02:34

1.945Breath Volume 02:34

0.000Air Blank 02:34

0.080Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:1812/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:54

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

05/05/2020

05218080A3

Palm Beach County SO

MOYNIHAN,KERIANE,M

DIPLACIDO

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.141Subject Sample 03:43

2.265Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.138Subject Sample 03:46

2.957Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:5412/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:34

Palm Beach County SO

IV,ANDREW

05/05/2020

05218080A3

FHP Troop L

PARENT,GARY,J

SMALARZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

# 1 0.000Subject Sample 21:00

3.078Breath Volume 21:00

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.000Subject Sample 21:03

3.558Breath Volume 21:03

0.000Air Blank 21:03

0.080Control Test 21:04

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:2312/08/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

20:16

Palm Beach County SO

HALL,HAROLD

05/05/2020

05218080A3

Boynton Beach PD

PARENT,GARY,J

FUENTES-CIOFALO

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

# 1 0.073Subject Sample 21:28

1.847Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2Subject Sample 21:32 Subject Test Refused

0.769Breath Volume 21:32

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:3412/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:16

Palm Beach County SO

CHIQUITO-
RODRIGUEZ,LENNDY

05/05/2020

05218080A3

Palm Beach County SO

MOYNIHAN,KERIANE,M

CHIRINO PEREZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.206Subject Sample 02:12 Volume Not Met

0.648Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2Subject Sample 02:16 Subject Test Refused

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.077Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:05:5712/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:12

07:45

Palm Beach County SO

AIME,JEAN

05/05/2020

05218080A3

FHP Troop L

POUND,PARIS,D

VAZQUEZ MORALES

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:51

0.000Air Blank 08:51

0.080Control Test 08:51

0.000Air Blank 08:52

# 1 0.076Subject Sample 08:54

2.117Breath Volume 08:54

0.000Air Blank 08:55

0.000Air Blank 08:56

# 2 0.066Subject Sample 08:59 Volume Not Met

1.027Breath Volume 08:59

0.000Air Blank 09:00

0.000Air Blank 09:02

# 3 0.069Subject Sample 09:04

2.253Breath Volume 09:04

0.000Air Blank 09:05

0.078Control Test 09:05

0.000Air Blank 09:05

OKDiagnostics Check 09:05

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:29:1612/09/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

14:27

Palm Beach County SO

BERGERON,EDWIN

05/05/2020

05218080A3

Atlantis PD

POUND,PARIS,D

RANCIC

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:21

0.000Air Blank 15:22

0.080Control Test 15:22

0.000Air Blank 15:22

# 1 0.140Subject Sample 15:23

1.871Breath Volume 15:23

0.000Air Blank 15:24

0.000Air Blank 15:26

# 2 0.135Subject Sample 15:27

1.925Breath Volume 15:27

0.000Air Blank 15:28

0.080Control Test 15:28

0.000Air Blank 15:29

OKDiagnostics Check 15:29

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:54:0712/10/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:36

Palm Beach County SO

HANTON,MELINDA

05/05/2020

05218080A3

Palm Beach Gardens

MOYNIHAN,KERIANE,M

PU ALBINO

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

0.000Air Blank 07:46

0.080Control Test 07:46

0.000Air Blank 07:46

# 1 0.181Subject Sample 07:49

1.191Breath Volume 07:49

0.000Air Blank 07:50

0.000Air Blank 07:51

# 2 0.176Subject Sample 07:52

2.378Breath Volume 07:52

0.000Air Blank 07:53

0.079Control Test 07:53

0.000Air Blank 07:54

OKDiagnostics Check 07:54

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:41:4012/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:58

13:33

Palm Beach County SO

MCWHERTER,PETER

05/05/2020

05218080A3

FHP Troop L

SCHAFER,NANCY,M

BIRENBAUM

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:34

0.000Air Blank 15:35

0.080Control Test 15:35

0.000Air Blank 15:36

# 1 0.000Subject Sample 15:37

1.957Breath Volume 15:37

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2 0.000Subject Sample 15:40

1.679Breath Volume 15:40

0.000Air Blank 15:40

0.081Control Test 15:41

0.000Air Blank 15:41

OKDiagnostics Check 15:41

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:1512/11/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:34

Palm Beach County SO

DASILVA,GABRIEL

05/05/2020

05218080A3

Palm Beach PD

POUND,PARIS,D

CORTEZ

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1 0.289Subject Sample 22:45

1.234Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.291Subject Sample 22:49

1.414Breath Volume 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 12/14/2018 16:42

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3812/12/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:48

Palm Beach County SO

FREY,JACOB

05/05/2020

05218080A3

Palm Beach County SO

POUND,PARIS,D

RAMNAUTH

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

# 1 0.210Subject Sample 03:42

1.421Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.197Subject Sample 03:44

1.390Breath Volume 03:44

0.000Air Blank 03:45

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 12/14/2018 16:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:4612/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:45

Palm Beach County SO

FREY,JACOB

05/05/2020

05218080A3

Palm Beach County SO

PALMER,SAMANTHA,M

LIESKE

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1 0.000Subject Sample 00:00

1.542Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:03

1.378Breath Volume 00:03

0.000Air Blank 00:03

0.081Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/14/2018 16:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:1212/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:41

Palm Beach County SO

FONGEMIE,MICHAEL

05/05/2020

05218080A3

Palm Beach County SO

POUND,PARIS,D

NELSON

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:04

0.000Air Blank 16:05

0.081Control Test 16:05

0.000Air Blank 16:05

# 1 0.000Subject Sample 16:06

1.730Breath Volume 16:06

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.000Subject Sample 16:09

1.984Breath Volume 16:09

0.000Air Blank 16:10

0.081Control Test 16:10

0.000Air Blank 16:11

OKDiagnostics Check 16:11

Data Download Date/Time: 12/14/2018 16:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:0112/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:12

Palm Beach County SO

YOCHUM,CRAIG

05/05/2020

05218080A3

Jupiter PD

PARENT,GARY,J

AJTZALAM

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:21

# 1 0.236Subject Sample 21:23

3.117Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.240Subject Sample 21:26

2.164Breath Volume 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:28

Data Download Date/Time: 12/14/2018 16:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-006477CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3112/13/2018

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:50

Palm Beach County SO

FREY,JACOB

05/05/2020

05218080A3

Palm Beach County SO

PARENT,GARY,J

MORRIS

11/23/2018

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:01

0.080Control Test 22:02

0.000Air Blank 22:02

# 1 0.228Subject Sample 22:03

2.347Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.229Subject Sample 22:06

3.300Breath Volume 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 12/14/2018 16:43

14 January 2019Printed:

COBRA ©1997-2014 CMI, Inc.


