
80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2501/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:30

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

BROOKINS

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.147Subject Sample 04:09

1.671Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.146Subject Sample 04:12

1.378Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:0201/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

01:19

FHP Troop H

SWINDLE,CHUCKIE

12/05/2019

29017080A3

FHP Troop H

JOHNSON,TREVOR,A

CONNELL

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

# 1Subject Sample 02:27 Sequence Aborted

0.000Breath Volume 02:27

0.000Air Blank 02:28

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0201/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:19

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

JOHNSON,TREVOR,A

CONNELL

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.078Control Test 02:49

0.000Air Blank 02:49

# 1 0.101Subject Sample 02:51

1.703Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.106Subject Sample 02:55

1.730Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3601/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:02

Tallahassee PD

KELLER,DAVID

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

JONES

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

# 1 0.221Subject Sample 03:55

1.816Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.215Subject Sample 03:59

1.882Breath Volume 03:59

0.000Air Blank 03:59

0.077Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4101/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:08

FHP Troop H

LECKINGER,MICHAEL

12/05/2019

29017080A3

FHP Troop H

LECKINGER,MICHAEL,E

THOMPSON

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:3901/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:18

05:01

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

SIMMONS

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.080Control Test 06:03

0.000Air Blank 06:03

# 1 0.158Subject Sample 06:04

2.996Breath Volume 06:04

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.159Subject Sample 06:07

3.816Breath Volume 06:07

0.000Air Blank 06:07

0.079Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:2301/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:06

Tallahassee PD

GLOVER,JASON

12/05/2019

29017080A3

Leon County SO

ROY,GARY,

BULLARD

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.080Control Test 22:59

0.000Air Blank 23:00

# 1 0.245Subject Sample 23:00

1.195Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:02

# 2 0.240Subject Sample 23:03

1.550Breath Volume 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:0101/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:04

FHP Troop H

SWINDELL,CHARLES

12/05/2019

29017080A3

FHP Troop H

LECKINGER,MICHAEL,E

MADDOX

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

# 2 0.098Subject Sample 23:57

1.406Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.095Subject Sample 00:00

2.601Breath Volume 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:02

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:5501/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:20

FHP Troop H

FINUFF,DANIEL

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

SANCHEZ

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.245Subject Sample 03:08

1.558Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.251Subject Sample 03:11

1.878Breath Volume 03:11

0.000Air Blank 03:12

0.079Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2101/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:46

FHP Troop H

SWINDELL,CHARLES

12/05/2019

29017080A3

FHP Troop H

LECKINGER,MICHAEL,E

PAULINO

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:24

0.000Air Blank 03:25

# 1 0.150Subject Sample 03:25

1.746Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.146Subject Sample 03:28

1.597Breath Volume 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3301/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:33

Tallahassee PD

KELLER,DAVID

12/05/2019

29017080A3

Tallahassee PD

KELLER,DAVID,

MUSTAFAA

12/14/2018

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.172Subject Sample 03:17

1.289Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.157Subject Sample 03:21

1.199Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 01/08/2019 11:00

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1801/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:56

Tallahassee PD

NORTHWAY,GEORGIA

12/05/2019

29017080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

MCDUFFIE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

# 1 0.000Subject Sample 01:52

1.332Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.000Subject Sample 01:55

1.808Breath Volume 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3101/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:38

FL State University

HUNTER,ROBERT

12/05/2019

29017080A3

FL State University

VARNER,TYLER,J

FULTON

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.138Subject Sample 03:34

1.773Breath Volume 03:34

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.143Subject Sample 03:37

3.070Breath Volume 03:37

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:4801/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

18:29

FHP Troop H

DEAN,DONALD

12/05/2019

29017080A3

FHP Troop H

DEAN,DONALD,E

GUTIERREZ-MORALES

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:35

0.079Control Test 19:36

0.000Air Blank 19:36

# 1 0.204Subject Sample 19:36

3.281Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:39

# 2 0.187Subject Sample 19:40

1.515Breath Volume 19:40

0.000Air Blank 19:40

0.079Control Test 19:41

0.000Air Blank 19:41

OKDiagnostics Check 19:41

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:0201/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

10:30

FHP Troop H

DIXON,WESLEY

12/05/2019

29017080A3

FHP Troop H

DIXON,WESLEY,B

BLACKMAN

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.079Control Test 23:47

0.000Air Blank 23:48

# 1 0.126Subject Sample 23:48

1.597Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.128Subject Sample 23:51

1.503Breath Volume 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:53

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:50:5701/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:56

Leon County SO

MCCRANIE,DAVID

12/05/2019

29017080A3

Tallahassee PD

MCCARTHY,TED,G

GILMORE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:47

0.000Air Blank 09:48

0.079Control Test 09:48

0.000Air Blank 09:49

# 1Subject Sample 09:49 Subject Test Refused

0.000Breath Volume 09:49

0.000Air Blank 09:50

0.079Control Test 09:50

0.000Air Blank 09:50

OKDiagnostics Check 09:50

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:59:2401/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:25

08:56

Leon County SO

MCCRANIE,DAVID

12/05/2019

29017080A3

Tallahassee PD

MCCARTHY,TED,G

GILMORE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:53

0.000Air Blank 09:53

0.079Control Test 09:54

0.000Air Blank 09:54

# 1 0.214Subject Sample 09:55

3.128Breath Volume 09:55

0.000Air Blank 09:55

0.000Air Blank 09:57

# 2 0.216Subject Sample 09:57

1.476Breath Volume 09:57

0.000Air Blank 09:58

0.078Control Test 09:58

0.000Air Blank 09:59

OKDiagnostics Check 09:59

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:3901/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:59

Tallahassee PD

STEELE,R

12/05/2019

29017080A3

Tallahassee PD

STEELE,R,L

PARKER

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:57

# 1Subject Sample 01:58 RFI Detect

0.000Breath Volume 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:0901/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:59

Tallahassee PD

STEELE,R

12/05/2019

29017080A3

Tallahassee PD

STEELE,R,L

PARKER

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.081Control Test 02:02

0.000Air Blank 02:02

# 1 0.189Subject Sample 02:04

1.617Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.187Subject Sample 02:07

1.281Breath Volume 02:07

0.000Air Blank 02:08

0.078Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

02:34

Tallahassee PD

ROY,GARY

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,A

GONZALEZ

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

# 1 0.114Subject Sample 03:20

2.421Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.115Subject Sample 03:23

2.722Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:15:4701/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:48

16:15

Tallahassee PD

THOMPSON,JEFFREY

12/05/2019

29017080A3

Tallahassee PD

THOMPSON,JEFFREY,A

KOEHLER

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:08

0.000Air Blank 17:09

0.079Control Test 17:09

0.000Air Blank 17:09

# 1 0.229Subject Sample 17:11

3.640Breath Volume 17:11

0.000Air Blank 17:11

0.000Air Blank 17:13

# 2 0.218Subject Sample 17:14

1.816Breath Volume 17:14

0.000Air Blank 17:14

0.079Control Test 17:15

0.000Air Blank 17:15

OKDiagnostics Check 17:15

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:3401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:55

FHP Troop H

ALLEN,NATHAN

12/05/2019

29017080A3

FHP Troop H

ALLEN,NATHAN,R

HENDERSON

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

# 1 0.000Subject Sample 00:46 Volume Not Met

0.597Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:49

# 2 0.000Subject Sample 00:49

1.238Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 3 0.000Subject Sample 00:53

1.441Breath Volume 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5201/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:32

FL State University

BARNES,TIMMOTHY

12/05/2019

29017080A3

FL State University

JOHNSON,ANDREW,L

JOHNSON

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.079Control Test 02:30

0.000Air Blank 02:30

# 1 0.199Subject Sample 02:31

3.554Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.180Subject Sample 02:34

1.562Breath Volume 02:34

0.000Air Blank 02:34

0.077Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:50:5701/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:21

04:35

Tallahassee PD

NORTHWAY,GEORGIA

12/05/2019

29017080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

GENWRIGHT

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:42

0.000Air Blank 05:43

0.080Control Test 05:43

0.000Air Blank 05:43

# 1 0.086Subject Sample 05:46

1.324Breath Volume 05:46

0.000Air Blank 05:46

0.000Air Blank 05:48

# 2 0.083Subject Sample 05:49

2.285Breath Volume 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:50

OKDiagnostics Check 05:50

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2701/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:36

FL State University

VARNER,TYLER

12/05/2019

29017080A3

FL State University

VARNER,TYLER,J

MATTHEWS

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

# 1 0.135Subject Sample 03:28

1.574Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.137Subject Sample 03:31

1.355Breath Volume 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0201/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:21

Tallahassee PD

ROY,GARY

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,A

REED

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

# 1 0.205Subject Sample 00:14

1.515Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.208Subject Sample 00:17

1.808Breath Volume 00:17

0.000Air Blank 00:18

0.077Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:19

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1501/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:00

FL State University

VARNER,TYLER

12/05/2019

29017080A3

FL State University

VARNER,TYLER,J

PECKINS

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.080Control Test 00:06

0.000Air Blank 00:07

# 1 0.119Subject Sample 00:07

2.207Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.123Subject Sample 00:10

1.550Breath Volume 00:10

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:58:0801/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:31

15:57

Leon County SO

DILLS,JAMES

12/05/2019

29017080A3

Leon County SO

DILLS,JAMES,M

BOLTZ

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:51

0.000Air Blank 16:52

0.081Control Test 16:52

0.000Air Blank 16:53

# 1 0.225Subject Sample 16:53

3.593Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2 0.219Subject Sample 16:56

3.324Breath Volume 16:56

0.000Air Blank 16:57

0.079Control Test 16:57

0.000Air Blank 16:58

OKDiagnostics Check 16:58

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:15

Tallahassee PD

HARVEY,R

12/05/2019

29017080A3

Tallahassee PD

ROY,GARY,A

REAGAN

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.081Control Test 23:59

0.000Air Blank 23:59

# 1 0.000Subject Sample 00:00

3.050Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:03

2.648Breath Volume 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:05

FL State University

WEST,JAMES

12/05/2019

29017080A3

FL State University

VARNER,TYLER,J

FAISON

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

# 1 0.000Subject Sample 01:40

1.183Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.000Subject Sample 01:43

1.929Breath Volume 01:43

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:45

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000219CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:49:5701/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:01

Tallahassee PD

ARMSTRONG,JOSHUA

12/05/2019

29017080A3

Tallahassee PD

BULLOCK,JOSHUA,R

TEJADA

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:44

0.000Air Blank 21:44

# 1 0.371Subject Sample 21:45

1.316Breath Volume 21:45

0.000Air Blank 21:45

0.000Air Blank 21:47

# 2 0.361Subject Sample 21:48

1.320Breath Volume 21:48

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:49

OKDiagnostics Check 21:49

Data Download Date/Time: 02/20/2019 11:27

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:41:5701/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

13:10

FHP Troop H

DEAN,DONALD

05/05/2019

06717080A6

FHP Troop H

DEAN,DONALD,E

HAGAMAN

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:35

0.000Air Blank 14:36

0.080Control Test 14:36

0.000Air Blank 14:36

# 1 0.100Subject Sample 14:37

2.148Breath Volume 14:37

0.000Air Blank 14:37

0.000Air Blank 14:39

# 2 0.096Subject Sample 14:40

1.281Breath Volume 14:40

0.000Air Blank 14:41

0.079Control Test 14:41

0.000Air Blank 14:41

OKDiagnostics Check 14:41

Data Download Date/Time: 02/20/2019 11:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1701/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:48

FHP Troop H

ALLEN,NATHAN

05/05/2019

06717080A6

FHP Troop H

ALLEN,NATHAN,R

HAILE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.168Subject Sample 02:36

1.496Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.157Subject Sample 02:39

1.429Breath Volume 02:39

Air Blank 02:39 RFI Detect

0.000Air Blank 02:40

Data Download Date/Time: 02/20/2019 11:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4101/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:48

FHP Troop H

ALLEN,NATHAN

05/05/2019

06717080A6

FHP Troop H

ALLEN,NATHAN,R

HAILE

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.160Subject Sample 02:44

1.394Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.160Subject Sample 02:47

1.398Breath Volume 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 02/20/2019 11:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:1001/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:03

Tallahassee PD

KELLER,DAVID

05/05/2019

06717080A6

Tallahassee PD

KELLER,DAVID,

THOMAS

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.081Control Test 21:57

0.000Air Blank 21:58

# 1 0.000Subject Sample 21:58

1.484Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2 0.000Subject Sample 22:01

1.773Breath Volume 22:01

0.000Air Blank 22:02

0.081Control Test 22:02

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 02/20/2019 11:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0101/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

01:46

Tallahassee PD

KELLER,DAVID

05/05/2019

06717080A6

Tallahassee PD

KELLER,DAVID,

POULIOT

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

# 1 0.000Subject Sample 03:15

1.488Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.000Subject Sample 03:18

1.359Breath Volume 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:20

Data Download Date/Time: 02/20/2019 11:31

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:51

FHP Troop H

DEAN,DONALD

05/05/2019

06717080A6

FHP Troop H

DEAN,DONALD,E

WORLEY

01/08/2019

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

Air Blank 01:51 RFI Detect

Air Blank 01:51 RFI Detect

Data Download Date/Time: 02/20/2019 11:31

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:3901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

01:20

01:20

Alachua County SO

MCKOY,MIKEL

10/05/2020

24818080A2

Alachua County SO

LEVY,JAYSON,I

CULVER

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

# 1 0.000Subject Sample 01:42

2.703Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.000Subject Sample 01:45

2.375Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/30/2019 10:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000737CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:2701/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:39

Alachua County SO

HUNT,CHARLES

10/05/2020

24818080A2

Alachua County SO

HUNT,CHARLES,R

ROSARIO

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:21 No Sample Provided

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:25

0.081Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 01/30/2019 10:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1001/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:30

FHP Troop A

COOK,RUSSELL

04/03/2020

754250

FHP Troop A

COOK,RUSSELL,L

JOHNSON

12/14/2018

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.137Subject Sample 03:47

2.445Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.146Subject Sample 03:50

3.589Breath Volume 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/28/2019 14:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1301/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:01

Okaloosa County SO

LEWIS,CHRIS

04/03/2020

754250

Crestview PD

KEYES,ERIC,S

HUCKABAA

12/14/2018

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.079Control Test 00:49

0.000Air Blank 00:50

# 1 0.115Subject Sample 00:50

2.941Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.111Subject Sample 00:55

1.742Breath Volume 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 01/28/2019 14:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:4501/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

04:14

Okaloosa County SO

GREY,DWAYNE

04/03/2020

754250

Okaloosa County SO

ESNEUL,MICHAEL,J

DECOTEAU HUDSON

12/14/2018

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:11

# 1 0.262Subject Sample 17:12

1.203Breath Volume 17:12

0.000Air Blank 17:13

0.000Air Blank 17:15

# 2 0.259Subject Sample 17:16

2.074Breath Volume 17:16

0.000Air Blank 17:16

0.080Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 01/28/2019 14:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:1601/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:20

FHP Troop A

GORDON,JOHN

04/03/2020

754250

FHP Troop A

BURGESS,MASON,W

MILLER

12/14/2018

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.081Control Test 20:16

0.000Air Blank 20:17

# 1 0.000Subject Sample 20:17

1.609Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.000Subject Sample 20:20

2.167Breath Volume 20:20

0.000Air Blank 20:21

0.081Control Test 20:21

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 01/28/2019 14:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:47:2101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:37

06:37

Pensacola PD

ABDELHADI,AUSTIN

01/05/2019

32316080A3

Pensacola PD

GAFKJEN,THOMAS,D

BENNETT

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:40

0.000Air Blank 07:40

0.079Control Test 07:41

0.000Air Blank 07:41

# 1 0.112Subject Sample 07:42

2.890Breath Volume 07:42

0.000Air Blank 07:42

0.000Air Blank 07:44

# 2 0.106Subject Sample 07:45

3.433Breath Volume 07:45

0.000Air Blank 07:46

0.078Control Test 07:46

0.000Air Blank 07:47

OKDiagnostics Check 07:47

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:1301/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:26

Pensacola PD

HUDSON,JOSHUA

01/05/2019

32316080A3

Pensacola PD

HUDSON,JOSHUA,K

THORN

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:16

0.080Control Test 19:17

0.000Air Blank 19:17

# 1 0.176Subject Sample 19:18

1.308Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.167Subject Sample 19:21

2.152Breath Volume 19:21

0.000Air Blank 19:22

0.078Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:3001/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:26

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

DANIELS,JAMES,A

COFFEY

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.082Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:11 No Sample Provided

0.000Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2Subject Sample 03:17 No Sample Provided

0.000Breath Volume 03:17

0.000Air Blank 03:17

0.081Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4301/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:26

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

DANIELS,JAMES,A

COFFEY

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.162Subject Sample 03:23

4.730Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.159Subject Sample 03:27

2.125Breath Volume 03:27

0.000Air Blank 03:27

0.078Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:4001/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:28

Pensacola PD

GARY,ADAM

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

ALLEN

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

0.000Air Blank 22:52

# 1Subject Sample 22:55 No Sample Provided

0.000Breath Volume 22:55

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2Subject Sample 23:01 No Sample Provided

0.000Breath Volume 23:01

0.000Air Blank 23:01

0.079Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:0101/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:28

Pensacola PD

GARY,ADAM

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

ALLEN

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.079Control Test 23:19

0.000Air Blank 23:20

# 1 0.202Subject Sample 23:20

2.390Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.203Subject Sample 23:23

2.734Breath Volume 23:23

0.000Air Blank 23:24

0.078Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:25

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4301/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:06

Pensacola PD

PARLIER,STEVEN

06/06/2020

792976

Pensacola PD

DAVIS,AMANDA,L

WATERS

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:32

# 1 0.123Subject Sample 02:33

3.101Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.125Subject Sample 02:36

3.906Breath Volume 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

Air Blank 02:37 Ambient Fail

Air Blank 02:38 Purge Fail

Data Download Date/Time: 01/25/2019 07:25

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:4701/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:40

Pensacola PD

GARY,AMANDA

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

ESTRADA

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

# 1 0.177Subject Sample 05:08

3.246Breath Volume 05:08

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2 0.177Subject Sample 05:11

3.152Breath Volume 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3401/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:00

Pensacola PD

LANDRY,KATHERINE

06/06/2020

792976

Pensacola PD

TASCHETTA,JOSEPH,S

PERRY

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.113Subject Sample 04:08

2.292Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.103Subject Sample 04:12

2.332Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:0901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:54

Escambia County SO

HENLEY,WILLIAM

06/06/2020

792976

Escambia County SO

HENLEY,WILLIAM,C

SEALE

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

# 1 0.185Subject Sample 21:47 Volume Not Met

0.183Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:49

# 2 0.200Subject Sample 21:50

1.878Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 3 0.193Subject Sample 21:54

1.726Breath Volume 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:1701/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

20:04

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

CHILDS

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

# 1 0.110Subject Sample 20:35

1.765Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:38

# 2 0.116Subject Sample 20:38

1.164Breath Volume 20:38

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 01/25/2019 07:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:1701/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:24

Pensacola PD

BARBOSA,SARAH

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

HILTON

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1 0.339Subject Sample 00:07

3.355Breath Volume 00:07

0.000Air Blank 00:08

0.000Air Blank 00:10

# 2 0.353Subject Sample 00:10

3.367Breath Volume 00:10

0.000Air Blank 00:11

0.078Control Test 00:11

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:0701/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

10:31

Escambia County SO

MEEKS,JEREMIAH

06/06/2020

792976

Escambia County SO

MEEKS,JEREMIAH,S

HADDOCK

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:15

0.082Control Test 23:15

0.000Air Blank 23:16

# 1 0.158Subject Sample 23:16

3.921Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.163Subject Sample 23:19

3.675Breath Volume 23:19

0.000Air Blank 23:20

0.079Control Test 23:20

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:5001/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:35

FHP Troop A

ROEBER,ANTHONY

06/06/2020

792976

FHP Troop A

ROEBER,ANTHONY,L

TAYLOR

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

# 1 0.215Subject Sample 23:20

1.597Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:22

# 2 0.207Subject Sample 23:23

1.523Breath Volume 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:1601/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

20:02

Pensacola PD

COLLINS,CHASE

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

JOHNSON

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

# 1 0.009Subject Sample 20:51

3.140Breath Volume 20:51

0.000Air Blank 20:52

0.000Air Blank 20:54

# 2 0.008Subject Sample 20:54

3.003Breath Volume 20:54

0.000Air Blank 20:55

0.081Control Test 20:55

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:4101/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:05

Pensacola PD

DAVIS,AMANDA

06/06/2020

792976

Pensacola PD

DAVIS,AMANDA,L

WHITE

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.112Subject Sample 03:35

2.261Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.126Subject Sample 03:38

2.234Breath Volume 03:38

0.000Air Blank 03:38

0.080Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:0301/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:52

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

BROWN

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.081Control Test 03:34

0.000Air Blank 03:34

# 1 0.205Subject Sample 03:35

1.277Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.215Subject Sample 03:38

1.398Breath Volume 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:40

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:30:5201/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:03

08:39

Pensacola PD

SALON,DENNIS

06/06/2020

792976

Pensacola PD

SALON,DENNIS,M

MCREYNOLDS

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:24

0.000Air Blank 09:24

0.082Control Test 09:24

0.000Air Blank 09:25

# 1 0.000Subject Sample 09:26

2.253Breath Volume 09:26

0.000Air Blank 09:26

0.000Air Blank 09:28

# 2 0.000Subject Sample 09:29

1.804Breath Volume 09:29

0.000Air Blank 09:29

0.080Control Test 09:30

0.000Air Blank 09:30

OKDiagnostics Check 09:30

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3801/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:55

Pensacola PD

HUDSON,JOSHUA

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

LEWIS

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.081Control Test 23:55

0.000Air Blank 23:56

# 2 0.168Subject Sample 23:56

3.871Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 1 0.163Subject Sample 00:00

3.652Breath Volume 00:00

0.000Air Blank 00:00

0.081Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:5001/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:24

16:17

Escambia County SO

HAMPTON,LOGAN

06/06/2020

792976

Escambia County SO

HAMPTON,LOGAN,I

STARLING

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:47

0.000Air Blank 16:48

0.080Control Test 16:48

0.000Air Blank 16:49

# 1 0.050Subject Sample 16:49

1.828Breath Volume 16:49

0.000Air Blank 16:50

0.000Air Blank 16:51

# 2 0.042Subject Sample 16:52

1.753Breath Volume 16:52

0.000Air Blank 16:52

0.080Control Test 16:53

0.000Air Blank 16:53

OKDiagnostics Check 16:53

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3001/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:22

Escambia County SO

MEEKS,JEREMIAH

06/06/2020

792976

Escambia County SO

MEEKS,JEREMIAH,S

ROBINSON

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.081Control Test 23:21

0.000Air Blank 23:21

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0001/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:40

Pensacola PD

HEBEBRAND,MICHAEL

06/06/2020

792976

Pensacola PD

HUDSON,JOSHUA,K

LEONARD

12/19/2018

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.088Subject Sample 01:14

2.453Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.086Subject Sample 01:17

2.175Breath Volume 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 01/25/2019 07:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:2301/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

22:00

Pensacola PD

WILLIAMS,BRANDON

06/06/2020

792976

Pensacola PD

GARY,ADAM,C

PEREZ

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:44

# 1 0.183Subject Sample 22:44

2.335Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.180Subject Sample 22:47

2.957Breath Volume 22:47

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 02/13/2019 07:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:1701/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:26

FHP Troop A

LUNA,ANGEL

06/06/2020

792976

FHP Troop A

LUNA,ANGEL,

WILLIAMS

01/25/2019

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:03

# 1 0.218Subject Sample 04:04

1.980Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.213Subject Sample 04:07

2.085Breath Volume 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 02/13/2019 07:45

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:1201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:47

Ocala PD

LETSON,REBECCA

12/12/2020

875088

Ocala PD

LETSON,REBECCA,G

SERRANO TORRES

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.080Control Test 22:22

0.000Air Blank 22:23

# 1 0.260Subject Sample 22:24

2.097Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.252Subject Sample 22:27

1.718Breath Volume 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:3101/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:30

Ocala PD

WAGNER,DANIEL

12/12/2020

875088

Ocala PD

MOOREHEAD,DAVID,L

BRUNDIGE

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

# 1 0.148Subject Sample 23:15

2.441Breath Volume 23:15

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.145Subject Sample 23:18

2.253Breath Volume 23:18

0.000Air Blank 23:19

0.078Control Test 23:19

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:5601/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:45

Ocala PD

OCASIO,F

12/12/2020

875088

Ocala PD

VORCE,JONATHAN,S

VORCE

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

Air Blank 03:30 Improper Sample

Air Blank 03:30 Improper Sample

Data Download Date/Time: 01/14/2019 10:16

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1401/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:45

Ocala PD

OCASIO,FANNIE

12/12/2020

875088

Ocala PD

OCASIO,FANNIE,E

VORCE

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

Air Blank 03:35 Ambient Fail

0.000Air Blank 03:36

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4801/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:41

Ocala PD

OCASIO,FANNIE

12/12/2020

875088

Ocala PD

OCASIO,FANNIE,E

VORCE

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.076Control Test 03:40

0.000Air Blank 03:41

# 1 0.191Subject Sample 03:41

3.117Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.201Subject Sample 03:44

3.777Breath Volume 03:44

0.000Air Blank 03:45

0.078Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:3101/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

17:28

Marion County SO

RIVERA,BECKY

12/12/2020

875088

Dunnellon PD

AUSTIN,NICHOLAS,J

RIVERA

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:03

0.080Control Test 19:03

0.000Air Blank 19:04

# 1 0.242Subject Sample 19:04

1.449Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.238Subject Sample 19:07

1.460Breath Volume 19:07

0.000Air Blank 19:08

0.076Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1001/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

01:07

Marion County SO

HECKMAN,SHELBY

12/12/2020

875088

Marion County SO

HECKMAN,SHELBY,L

WARREN

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.091Subject Sample 02:26

2.800Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.085Subject Sample 02:29

2.703Breath Volume 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:2801/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:00

Marion County SO

SERRANO,ELIJHA

12/12/2020

875088

Marion County SO

SERRANO,ELIJHA,

MANTEGNA

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.080Control Test 02:49

0.000Air Blank 02:49

# 1 0.143Subject Sample 02:50

2.683Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.146Subject Sample 02:53

4.343Breath Volume 02:53

0.000Air Blank 02:54

0.078Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:13:0001/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:55

FHP Troop B

CASTIGLIONE,S

12/12/2020

875088

FHP Troop B

CASTIGIONE,SALVATORE,M

ARMAGNO

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:01

0.000Air Blank 20:01

0.080Control Test 20:01

0.000Air Blank 20:02

# 1 0.160Subject Sample 20:05 Volume Not Met

0.050Breath Volume 20:05

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.136Subject Sample 20:11 Volume Not Met

0.210Breath Volume 20:11

0.000Air Blank 20:12

0.076Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:13

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:2201/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:55

FHP Troop B

CASTIGLIONE,SALVATORE

12/21/2018

875088

FHP Troop B

CASTIGLIONE,SALVATORE,M

ARMAGNO

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.077Control Test 20:15

0.000Air Blank 20:16

# 1 0.122Subject Sample 20:19 Volume Not Met

0.667Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:21

# 2 0.148Subject Sample 20:25 Volume Not Met

0.445Breath Volume 20:25

Air Blank 20:25 Purge Fail

0.000Air Blank 20:26

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:2201/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:55

FHP Troop B

CASTIGLONE,SALVATORE

12/12/2020

875088

FHP Troop B

CASTIGLIONE,SALVATORE,M

ARMAGNO

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.076Control Test 20:28

0.000Air Blank 20:29

# 1 0.159Subject Sample 20:32 Volume Not Met

0.285Breath Volume 20:32

0.000Air Blank 20:33

0.000Air Blank 20:34

# 2 0.145Subject Sample 20:35

1.285Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:38

# 3 0.145Subject Sample 20:39

1.957Breath Volume 20:39

0.000Air Blank 20:40

0.073Control Test 20:40 Control Outside Tolerance

0.000Air Blank 20:41

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:1101/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:16

FHP Troop B

PALESE,ANTHONY

12/12/2020

875088

FHP Troop B

PALESE,ANTHONY,W

GORDON

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:28

0.079Control Test 23:29

0.000Air Blank 23:29

# 1 0.106Subject Sample 23:30

1.777Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.107Subject Sample 23:33

1.738Breath Volume 23:33

0.000Air Blank 23:34

0.078Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:5001/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

09:00

Marion County SO

MERCER,ISAAC

12/12/2020

875088

Marion County SO

MERCER,ISAAC,V

THRIFT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.080Control Test 22:36

0.000Air Blank 22:36

# 1 0.145Subject Sample 22:37

2.246Breath Volume 22:37

Air Blank 22:38 Purge Fail

0.000Air Blank 22:38

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:1801/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

09:00

Marion County SO

MERCER,ISAAC

12/12/2020

875088

Marion County SO

MERCER,ISAAC,V

THRIFT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.073Control Test 22:44 Control Outside Tolerance

0.000Air Blank 22:45

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0501/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

09:00

Marion County SO

MERCER,ISAAC

12/12/2020

875088

Marion County SO

MERCER,ISAAC,V

THRIFT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.075Control Test 22:51

0.000Air Blank 22:52

# 1 0.139Subject Sample 22:52

3.093Breath Volume 22:52

Air Blank 22:53 Purge Fail

0.000Air Blank 22:54

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3201/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:00

Marion County SO

MERCER,ISAAC

12/12/2020

875088

Marion County SO

MERCER,ISAAC,V

THRIFT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.075Control Test 23:02

0.000Air Blank 23:03

# 1 0.137Subject Sample 23:03

3.488Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.138Subject Sample 23:06

3.527Breath Volume 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1801/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:20

Marion County SO

RAFFERTY,CHRISTOPHER

12/12/2020

875088

Marion County SO

RAFFERTY,CHRISTOPHER,J

VISENSKI

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.081Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:13 Subject Test Refused

0.000Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/14/2019 10:16

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:2901/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:26

Marion County SO

RAFFERTY,CHRISTOPHER

12/12/2020

875088

Marion County SO

RAFFERTY,CHRISTOPHER,J

WILBURT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:12

# 1 0.174Subject Sample 02:13

3.500Breath Volume 02:13

Air Blank 02:13 Purge Fail

0.000Air Blank 02:14

Data Download Date/Time: 01/14/2019 10:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1101/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:26

Marion County SO

RAFFERTY,CHRISTOPHER

12/12/2020

875088

Marion County SO

RAFFERTY,CHRISTOPHER,J

WILBURT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.076Control Test 02:18

0.000Air Blank 02:19

# 1 0.172Subject Sample 02:19

2.851Breath Volume 02:19

Air Blank 02:20 Purge Fail

0.000Air Blank 02:21

Data Download Date/Time: 01/14/2019 10:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0101/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:26

Marion County SO

RAFFERTY,CHRISTOPHER

12/12/2020

875088

Marion County SO

RAFFERTY,CHRISTOPHER,J

WILBURT

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.077Control Test 02:25

0.000Air Blank 02:26

# 1 0.170Subject Sample 02:26

3.992Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.169Subject Sample 02:30

4.109Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:32

Data Download Date/Time: 01/14/2019 10:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000752CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:5501/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:20

Marion County SO

DEMARCO,RICHARD

12/12/2020

875088

Marion County SO

POPE,CALVIN,W

JOHNSON

12/21/2018

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:14

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:16

0.080Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 01/14/2019 10:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3801/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:27

Jackson County SO

ARROYO,BRANDON

04/27/2020

770784

Jackson County SO

ARROYO,BRANDON,L

BELLAMY

12/01/2018

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.081Control Test 20:05

0.000Air Blank 20:05

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:06

0.082Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 01/11/2019 22:48

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:16:3701/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:57

09:57

Marianna PD

SCARBOROUGH,TYLER

04/27/2020

770784

Marianna PD

SCARBOROUGH,TYLER,J

HESTER

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:10

0.000Air Blank 11:10

0.082Control Test 11:11

0.000Air Blank 11:11

# 1 0.205Subject Sample 11:12

3.726Breath Volume 11:12

0.000Air Blank 11:12

0.000Air Blank 11:14

# 2 0.211Subject Sample 11:15

3.156Breath Volume 11:15

0.000Air Blank 11:15

0.082Control Test 11:16

0.000Air Blank 11:16

OKDiagnostics Check 11:16

Data Download Date/Time: 02/14/2019 18:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000759CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5901/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:14

FHP Troop A

LINCOLN,TREY

04/27/2020

770784

FHP Troop A

LINCOLN,TREY,B

SANCHEZ

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.082Control Test 00:07

0.000Air Blank 00:07

# 1 0.384Subject Sample 00:08

2.000Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.395Subject Sample 00:11

1.542Breath Volume 00:11

0.000Air Blank 00:12

0.081Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 02/14/2019 18:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:3501/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:01

05:12

Gainesville PD

KEIMIG,EMORIE

10/05/2020

24818080A2

Gainesville PD

KEIMIG,EMORIE,I

WAUGH JR

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 06:28

0.000Air Blank 06:29

0.079Control Test 06:29

0.000Air Blank 06:30

# 1 0.085Subject Sample 06:31

1.480Breath Volume 06:31

0.000Air Blank 06:32

0.000Air Blank 06:33

# 2 0.085Subject Sample 06:35

1.625Breath Volume 06:35

0.000Air Blank 06:35

0.080Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:3001/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:48

14:22

FHP Troop B

PITTMAN,BRETT

10/05/2020

24818080A2

FHP Troop B

PITTMAN,BRETT,T

WHITTLE

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:10

0.000Air Blank 18:11

0.079Control Test 18:11

0.000Air Blank 18:12

# 1 0.142Subject Sample 18:12

2.792Breath Volume 18:12

0.000Air Blank 18:13

0.000Air Blank 18:15

# 2 0.137Subject Sample 18:15

2.890Breath Volume 18:15

0.000Air Blank 18:16

0.078Control Test 18:16

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0101/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:21

U of Fl PD

BAIN,KENNETH

10/05/2020

24818080A2

U of Fl PD

BECKHAM,MARCUS,W

PIPPINS

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

# 1 0.189Subject Sample 02:11

2.945Breath Volume 02:11

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.186Subject Sample 02:14

1.824Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:11:4501/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:50

11:21

Alachua County SO

ROBINSON,RICKY

10/05/2020

24818080A2

Alachua County SO

THOMPSON,TIFFANY,E

FLURRY

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:10

0.000Air Blank 15:10

0.081Control Test 15:11

Air Blank 15:11 RFI Detect

Air Blank 15:11 RFI Detect

Data Download Date/Time: 01/30/2019 10:20

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:16:2601/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:46

11:21

Alachua County SO

ROBINSON,RICKY

10/05/2020

24818080A2

Alachua County SO

THOMPSON,TIFFANY,E

FLURRY

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:15

Air Blank 15:16 RFI Detect

Air Blank 15:16 RFI Detect

Data Download Date/Time: 01/30/2019 10:20

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:24:0901/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:46

11:21

Alachua County SO

ROBINSON,RICKY

10/05/2020

24818080A2

Alachua County SO

THOMPSON,TIFFANY,E

FLURRY

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:19

0.000Air Blank 15:19

0.081Control Test 15:20

0.000Air Blank 15:20

# 1Subject Sample 15:23 RFI Detect

0.000Breath Volume 15:23

Air Blank 15:23 RFI Detect

Air Blank 15:24 RFI Detect

Data Download Date/Time: 01/30/2019 10:20

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:0001/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:26

Alachua County SO

MYERS,BENJAMIN

10/05/2020

24818080A2

Alachua County SO

HOWARD,ANTHONY,M

DRUMGOOL

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:25

# 1 0.269Subject Sample 03:26

3.253Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.243Subject Sample 03:29

1.546Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 3 0.233Subject Sample 03:32

1.937Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:34

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3201/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:27

Alachua County SO

LITZKOW,CLAYTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CLAYTON',P

ROWDEN

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.081Control Test 04:44

0.000Air Blank 04:45

# 1 0.145Subject Sample 04:45

1.441Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.164Subject Sample 04:48

2.019Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5001/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:06

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

KING

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

# 1 0.111Subject Sample 04:26

2.257Breath Volume 04:26

0.000Air Blank 04:27

0.000Air Blank 04:28

# 2 0.108Subject Sample 04:29

2.601Breath Volume 04:29

0.000Air Blank 04:29

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:4101/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:47

FHP Troop B

ALVAREZ,ROBERTO

10/05/2020

24818080A2

FHP Troop B

ALVAREZ,ROBERTO,A

DIERCKS

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:56

0.000Air Blank 19:56

0.080Control Test 19:57

0.000Air Blank 19:57

# 1 0.056Subject Sample 19:58

2.386Breath Volume 19:58

0.000Air Blank 19:58

0.000Air Blank 20:00

# 2 0.057Subject Sample 20:01

3.253Breath Volume 20:01

0.000Air Blank 20:01

0.080Control Test 20:02

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:5101/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:43

FHP Troop B

DEWEESE,DANIEL

10/05/2020

24818080A2

FHP Troop B

CABRAL,JONATHAN,M

GILLINGHAM

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:53

# 1 0.148Subject Sample 20:55

2.820Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.148Subject Sample 20:59

2.816Breath Volume 20:59

0.000Air Blank 20:59

0.079Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:0601/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:09

Alachua County SO

LITZKOW,CARLTON

10/05/2020

24818080A2

Alachua County SO

LITZKOW,CARLTON,D

NGUYEN

12/28/2018

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.081Control Test 03:50

0.000Air Blank 03:50

# 1 0.228Subject Sample 03:51

2.992Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.228Subject Sample 03:54

2.832Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/30/2019 10:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

22:57

FL Dept of AG

CRAIG,SHAWN

08/05/2020

17618080A3

Live Oak PD

BUCKLES,SCHIEFER,S

WILLIAMS

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:26

0.000Air Blank 00:26

# 1 0.168Subject Sample 00:27

2.261Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.166Subject Sample 00:29

2.691Breath Volume 00:29

0.000Air Blank 00:30

0.078Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0601/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:03

Suwannee County SO

GARCIA,JOSE

08/05/2020

17618080A3

Suwannee County SO

FALGOUT,DAVID,G

COLE

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.079Control Test 21:42

0.000Air Blank 21:43

# 1Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:1301/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:59

FHP Troop B

HERNANDEZ,ALEXIS

08/05/2020

17618080A3

FHP Troop B

HERNANDEZ,ALEXIS,

MOTES

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:59

0.077Control Test 23:59

0.000Air Blank 00:00

# 1 0.186Subject Sample 00:00

2.492Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.182Subject Sample 00:03

2.593Breath Volume 00:03

0.000Air Blank 00:04

0.075Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:3401/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:30

Suwannee County SO

WADFORD,CHARLES

08/05/2020

17618080A3

Suwannee County SO

WADFORD,CHARLES,T

PEREZ

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:47

# 1 0.143Subject Sample 23:47

1.519Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.147Subject Sample 23:50

2.878Breath Volume 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:0901/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:20

FL Dept of AG

BAILEY,EDDIE

08/05/2020

17618080A3

FL Dept of AG

BUCKLES,SCHIEFER,S

HATCH

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:26

# 1 0.111Subject Sample 01:27

3.808Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:29

# 2 0.105Subject Sample 01:30

3.566Breath Volume 01:30

0.000Air Blank 01:31

0.077Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:5201/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:48

14:28

Suwannee County SO

PARISI,TIMOTHY

08/05/2020

17618080A3

Live Oak PD

LEE,WILLIAM,C

RAMOS

12/31/2018

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.080Control Test 16:11

0.000Air Blank 16:11

# 1 0.254Subject Sample 16:12

3.445Breath Volume 16:12

0.000Air Blank 16:12

0.000Air Blank 16:14

# 2 0.259Subject Sample 16:15

3.796Breath Volume 16:15

0.000Air Blank 16:15

0.077Control Test 16:16

0.000Air Blank 16:16

OKDiagnostics Check 16:16

Data Download Date/Time: 01/31/2019 22:25

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:4701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:50

Santa Rosa County SO

SPENCER,RAYMOND

02/26/2020

AG805702

Santa Rosa County SO

SPENCER,RAYMOND,L

BAKER

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:42

0.082Control Test 02:43

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 01/03/2019 15:51

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0201/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:38

Santa Rosa County SO

COFFELT,DYLAN

02/26/2020

AG805702

Santa Rosa County SO

COFFELT,DYLAN,H

PHILLIPS

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.082Control Test 21:41

0.000Air Blank 21:42

# 1Subject Sample 21:42 Subject Test Refused

0.000Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:44

Data Download Date/Time: 01/03/2019 15:51

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:01:5901/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:00

07:00

FHP Troop A

WARD,BENJAMIN

02/26/2020

AG805702

FHP Troop A

WARD,BENJAMIN,D

BATES

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:59

0.000Air Blank 07:59

0.082Control Test 07:59

0.000Air Blank 08:00

# 1Subject Sample 08:00 Subject Test Refused

0.000Breath Volume 08:00

0.000Air Blank 08:01

0.082Control Test 08:01

0.000Air Blank 08:01

OKDiagnostics Check 08:01

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:2001/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:32

FHP Troop A

BOGGAN,MARLON

02/26/2020

AG805702

FHP Troop A

BOGGAN,MARLON,M

FERRARA

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.082Control Test 20:01

0.000Air Blank 20:02

# 1 0.148Subject Sample 20:02

2.890Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.138Subject Sample 20:05

2.164Breath Volume 20:05

0.000Air Blank 20:06

0.082Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:44:0301/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:12

14:21

Santa Rosa County SO

BOYD,JACOB

02/26/2020

AG805702

Santa Rosa County SO

YOUNG,JOHN,F

BRYANT

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:32

0.000Air Blank 15:33

0.082Control Test 15:33

0.000Air Blank 15:33

# 1Subject Sample 15:37 No Sample Provided

0.000Breath Volume 15:37

0.000Air Blank 15:37

0.000Air Blank 15:39

# 2Subject Sample 15:42 No Sample Provided

0.000Breath Volume 15:42

0.000Air Blank 15:43

0.081Control Test 15:43

0.000Air Blank 15:43

OKDiagnostics Check 15:44

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:2701/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:24

Santa Rosa County SO

JONES,COREY

02/26/2020

AG805702

Santa Rosa County SO

JONES,COREY,M

BROWN

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.083Control Test 22:14

0.000Air Blank 22:14

# 1 0.181Subject Sample 22:15

4.015Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.176Subject Sample 22:18

3.941Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:4201/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:10

Santa Rosa County SO

JONES,COREY

02/26/2020

AG805702

Santa Rosa County SO

JONES,COREY,M

SPIVEY

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.083Control Test 22:11

0.000Air Blank 22:11

# 1 0.136Subject Sample 22:12

1.949Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.142Subject Sample 22:15

1.988Breath Volume 22:15

0.000Air Blank 22:15

0.081Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:5001/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:36

Santa Rosa County SO

HARGITT,JOSHUA

02/26/2020

AG805702

Santa Rosa County SO

HARGITT,JOSHUA,J

WHITE

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.082Control Test 23:25

0.000Air Blank 23:26

# 1 0.157Subject Sample 23:27

4.234Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.154Subject Sample 23:30

4.058Breath Volume 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:0301/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:53

Santa Rosa County SO

SMEAD,JOHN

02/26/2020

AG805702

Santa Rosa County SO

SMEAD,JOHN,S

DUPRE

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.082Control Test 00:42

0.000Air Blank 00:43

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:47

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3701/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:04

Santa Rosa County SO

ROBERSON,GABRIEL

02/26/2020

AG805702

Santa Rosa County SO

ROBERSON,GABRIEL,A

OBRIEN

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.083Control Test 21:10

0.000Air Blank 21:11

# 1 0.250Subject Sample 21:12

3.500Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:14

# 2 0.256Subject Sample 21:14

1.851Breath Volume 21:14

0.000Air Blank 21:15

0.081Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:2201/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:39

Santa Rosa County SO

BOZARD,CHRYSTAL

02/26/2020

AG805702

Santa Rosa County SO

BOZARD,CHRYSTAL,D

SPRINGER

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.083Control Test 04:37

0.000Air Blank 04:38

# 1 0.155Subject Sample 04:39

2.445Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.158Subject Sample 04:42

3.160Breath Volume 04:42

0.000Air Blank 04:43

0.081Control Test 04:43

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1401/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:32

Santa Rosa County SO

HARGITT,JOSHUA

02/26/2020

AG805702

Santa Rosa County SO

HARGITT,JOSHUA,J

POWELL

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:32

0.082Control Test 21:32

0.000Air Blank 21:33

# 1 0.178Subject Sample 21:33

2.882Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.181Subject Sample 21:36

3.378Breath Volume 21:36

0.000Air Blank 21:37

0.082Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:0001/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:32

Santa Rosa County SO

TEICHNER,ADAM

02/26/2020

AG805702

Santa Rosa County SO

TEICHNER,ADAM,J

PORTER

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.083Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.083Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:18

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2801/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:42

FHP Troop A

PEREIRA,JOSE

02/26/2020

AG805702

FHP Troop A

PEREIRA,JOSE,L

BULLARD

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.082Control Test 21:51

0.000Air Blank 21:52

# 1 0.186Subject Sample 21:53

2.527Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.167Subject Sample 21:56

1.820Breath Volume 21:56

0.000Air Blank 21:57

0.082Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:41:1001/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:06

12:30

FHP Troop A

STEINER,ZACHARY

02/26/2020

AG805702

FHP Troop A

STEINER,ZACHARY,Q

ORTIZ IV

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:31

0.000Air Blank 13:32

0.082Control Test 13:32

0.000Air Blank 13:32

# 1 0.285Subject Sample 13:33

1.730Breath Volume 13:33

0.000Air Blank 13:34

0.000Air Blank 13:36

# 2 0.253Subject Sample 13:36

1.277Breath Volume 13:36

0.000Air Blank 13:37

0.000Air Blank 13:39

# 3 0.254Subject Sample 13:39

1.683Breath Volume 13:39

0.000Air Blank 13:40

0.082Control Test 13:40

0.000Air Blank 13:41

OKDiagnostics Check 13:41

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:1401/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:49

Santa Rosa County SO

ZAWAWI,JAMAL

02/26/2020

AG805702

Santa Rosa County SO

ZAWAWI,JAMAL,S

OCONNOR

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.082Control Test 04:30

0.000Air Blank 04:30

# 1Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:31

0.082Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3701/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:17

Santa Rosa County SO

QUICK,STEPHEN

02/26/2020

AG805702

Santa Rosa County SO

QUICK,STEPHEN,W

SCHNEIDER

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.083Control Test 00:04

0.000Air Blank 00:05

# 1 0.000Subject Sample 00:06

4.996Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.000Subject Sample 00:09

2.320Breath Volume 00:09

0.000Air Blank 00:09

0.082Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:0901/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

11:40

FHP Troop A

STEINER,ZACHARY

02/26/2020

AG805702

FHP Troop A

STEINER,ZACHARY,A

JAMES

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.082Control Test 00:33

0.000Air Blank 00:34

# 1 0.081Subject Sample 00:35

2.281Breath Volume 00:35

0.000Air Blank 00:36

0.000Air Blank 00:37

# 2 0.080Subject Sample 00:38

3.164Breath Volume 00:38

0.000Air Blank 00:39

0.081Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5701/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:38

Santa Rosa County SO

HYLER,CHRISTOPHER

02/26/2020

AG805702

Santa Rosa County SO

TEICHNER,ADAM,J

COX

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.082Control Test 01:16

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.082Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:4701/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

02:21

Santa Rosa County SO

SPENCER,RAYMOND

02/26/2020

AG805702

Santa Rosa County SO

SPENCER,RAYMOND,L

FENDER

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.082Control Test 03:54

0.000Air Blank 03:54

# 1Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.082Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:2601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:50

FHP Troop A

WARD,BENJAMIN

02/26/2020

AG805702

FHP Troop A

WARD,BENJAMIN,D

LINVILLE

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.082Control Test 18:49

0.000Air Blank 18:49

# 1 0.000Subject Sample 18:50

2.644Breath Volume 18:50

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2 0.000Subject Sample 18:53

2.906Breath Volume 18:53

0.000Air Blank 18:53

0.082Control Test 18:53

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:26:4501/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:45

Santa Rosa County SO

ADAMS,WILLIAM

02/26/2020

AG805702

Santa Rosa County SO

ADAMS,WILLIAM,E

WILMOTH

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:20

0.000Air Blank 17:21

0.082Control Test 17:21

0.000Air Blank 17:22

# 1 0.000Subject Sample 17:22

2.746Breath Volume 17:22

0.000Air Blank 17:22

0.000Air Blank 17:25

# 2 0.000Subject Sample 17:25

1.675Breath Volume 17:25

0.000Air Blank 17:25

0.082Control Test 17:26

0.000Air Blank 17:26

OKDiagnostics Check 17:26

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:0301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

18:16

Santa Rosa County SO

BOZARD,CHRYSTAL

02/26/2020

AG805702

Santa Rosa County SO

BOZARD,CHRYSTAL,D

LESNIAK

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:59

0.083Control Test 18:59

0.000Air Blank 19:00

# 1 0.108Subject Sample 19:02

1.125Breath Volume 19:02

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.109Subject Sample 19:06

1.203Breath Volume 19:06

0.000Air Blank 19:07

0.082Control Test 19:07

0.000Air Blank 19:07

OKDiagnostics Check 19:08

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000772CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4301/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:07

Santa Rosa County SO

CHAPMAN,MAVERICK

02/26/2020

AG805702

Santa Rosa County SO

CHAPMAN,MAVERICK,E

EUBANKS

12/31/2018

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:50

0.083Control Test 00:51

0.000Air Blank 00:51

# 1Subject Sample 00:54 No Sample Provided

0.000Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.083Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/21/2019 13:26

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3001/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Lake City PD

POTEAT,RICHARD

03/07/2021

915310

Lake City PD

MILLIGAN,CONNIE,A

VARNES

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:50

0.000Air Blank 01:51

# 1 0.196Subject Sample 01:51

1.238Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.191Subject Sample 01:54

2.300Breath Volume 01:54

0.000Air Blank 01:55

0.078Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/26/2019 02:23

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4601/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:33

Lake City PD

SANCHEZ,L

03/07/2021

915310

Columbia County SO

MILLIGAN,CONNIE,A

BRANNEN

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.081Control Test 04:01

0.000Air Blank 04:01

# 1 0.144Subject Sample 04:02

2.437Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:04

# 2 0.144Subject Sample 04:05

1.230Breath Volume 04:05

0.000Air Blank 04:05

0.078Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 01/26/2019 02:23

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:06:2501/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

12:45

FHP Troop B

FISCHER,MICHAEL

03/07/2021

915310

FHP Troop B

FISCHER,MICHAEL,A

PARTIN

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:00

0.079Control Test 15:00

0.000Air Blank 15:01

# 1 0.000Subject Sample 15:02

4.457Breath Volume 15:02

0.000Air Blank 15:02

0.000Air Blank 15:04

# 2 0.000Subject Sample 15:05

4.628Breath Volume 15:05

0.000Air Blank 15:05

0.076Control Test 15:05

0.000Air Blank 15:06

OKDiagnostics Check 15:06

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:5101/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:02

Columbia County SO

LANGE,K.

03/07/2021

915310

Lake City PD

PARKER,CHRIS,A

FRAMER

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.150Subject Sample 01:42

1.917Breath Volume 01:42

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.154Subject Sample 01:45

2.308Breath Volume 01:45

0.000Air Blank 01:45

0.080Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:1501/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:40

FHP Troop B

MARTIN,DANIEL

03/07/2021

915310

FHP Troop B

MARTIN,DANIEL,M

K650453534090

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.000Subject Sample 23:22

3.406Breath Volume 23:22

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.000Subject Sample 23:24

2.761Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:0601/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:09

FHP Troop B

NATIVIDAD,DANIEL

03/07/2021

915310

FHP Troop B

NATIVIDAD,DANIEL,A

LABINE

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

# 1 0.165Subject Sample 22:40

1.605Breath Volume 22:40

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.156Subject Sample 22:45

1.500Breath Volume 22:45

0.000Air Blank 22:46

0.077Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:0301/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:23

16:07

Columbia County SO

MONTEMURNO,MATT

03/07/2021

915310

Columbia County SO

CREWS,MICHAEL,B

MORGAN

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:43

0.080Control Test 16:44

0.000Air Blank 16:44

# 1 0.181Subject Sample 16:45

2.808Breath Volume 16:45

0.000Air Blank 16:46

0.000Air Blank 16:47

# 2 0.182Subject Sample 16:48

2.605Breath Volume 16:48

0.000Air Blank 16:49

0.079Control Test 16:49

0.000Air Blank 16:49

OKDiagnostics Check 16:50

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:51:3801/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:19

05:39

FHP Troop B

HERNANDEZ,ALEXIS

03/07/2021

915310

FHP Troop B

HERNANDEZ,ALEXIS,

ENSEY

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:45

0.000Air Blank 06:45

0.080Control Test 06:46

0.000Air Blank 06:46

# 1 0.108Subject Sample 06:46

5.109Breath Volume 06:46

0.000Air Blank 06:47

0.000Air Blank 06:49

# 2 0.110Subject Sample 06:49

3.859Breath Volume 06:49

0.000Air Blank 06:50

0.078Control Test 06:51

0.000Air Blank 06:51

OKDiagnostics Check 06:51

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:33:3801/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:35

08:15

FHP Troop B

WALKER,SHELIA

03/07/2021

915310

FHP Troop B

WALKER,SHELIA,

B260218557259

12/28/2018

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:26

0.000Air Blank 09:27

0.079Control Test 09:27

0.000Air Blank 09:28

# 1 0.000Subject Sample 09:29

1.160Breath Volume 09:29

0.000Air Blank 09:29

0.000Air Blank 09:31

# 2 0.000Subject Sample 09:32

1.250Breath Volume 09:32

0.000Air Blank 09:32

0.076Control Test 09:33

0.000Air Blank 09:33

OKDiagnostics Check 09:33

Data Download Date/Time: 01/26/2019 02:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000777CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:56:4201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:22

Lake City PD

MILLIGAN,CONNIE

03/07/2021

915310

Lake City PD

MILLIGAN,CONNIE,A

WILCOX

01/26/2019

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.081Control Test 22:51

0.000Air Blank 22:51

# 1 0.217Subject Sample 22:52

1.664Breath Volume 22:52

0.000Air Blank 22:52

0.000Air Blank 22:54

# 2 0.226Subject Sample 22:55

1.593Breath Volume 22:55

0.000Air Blank 22:55

0.078Control Test 22:56

0.000Air Blank 22:56

OKDiagnostics Check 22:56

Data Download Date/Time: 02/28/2019 14:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:1001/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:17

05:23

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

WHITE,RAYMOND,C

HAIRE

12/12/2018

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.080Control Test 06:38

0.000Air Blank 06:38

# 1 0.000Subject Sample 06:39

4.179Breath Volume 06:39

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.000Subject Sample 06:42

4.984Breath Volume 06:42

0.000Air Blank 06:43

0.079Control Test 06:43

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 01/29/2019 10:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:4001/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

12:29

FHP Troop H

SWINDLE,CHARLES

12/05/2019

29017080A3

FHP Troop H

FINUFF,DANIEL,W

CULLEN

12/12/2018

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

# 1 0.187Subject Sample 01:25

2.128Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.198Subject Sample 01:28

2.406Breath Volume 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 01/29/2019 10:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000779CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:0401/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

20:19

Madison County SO

THACKER,MICHAEL

12/05/2019

29017080A3

Madison PD

KOREY,FREDERICK,J

PENTON

12/12/2018

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.083Control Test 21:08

0.000Air Blank 21:08

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:10

0.082Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:11

Data Download Date/Time: 01/29/2019 10:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:5601/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:59

Chipley PD

LERNER,MATTHEW

06/15/2019

461951

Chipley PD

LERNERM,MATTHEW,H

BAXLEY

01/11/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.082Control Test 22:31

0.000Air Blank 22:32

# 1 0.000Subject Sample 22:32

2.523Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.000Subject Sample 22:35

1.222Breath Volume 22:35

0.000Air Blank 22:35

0.082Control Test 22:36

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 02/14/2019 14:21

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:49

Gulf Breeze PD

YOUNGREN,DENNIS

01/23/2020

684131

Gulf Breeze PD

YOUNGREN,DENNIS,A

WEBBER

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.079Control Test 02:01

0.000Air Blank 02:01

# 1Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:3501/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:42

Gulf Breeze PD

SCAPIN,BRANDON

01/23/2020

684131

Gulf Breeze PD

SCAPIN,BRANDON,L

HANEY

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

# 1 0.212Subject Sample 21:18

1.847Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.227Subject Sample 21:22

2.843Breath Volume 21:22

0.000Air Blank 21:22

0.082Control Test 21:22

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:4101/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:30

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

BANKS,SEAN,C

CZECH

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

Air Blank 00:49 RFI Detect

0.000Air Blank 00:49

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:4201/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

00:30

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

BANKS,SEAN,C

CZECH

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5301/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:30

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

BANKS,SEAN,C

CZECH

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.081Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:4701/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Gulf Breeze PD

WEIERS,BLAINE

01/23/2020

684131

Gulf Breeze PD

WEIERS,BLAINE,T

RAU

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:29 RFI Detect

0.363Breath Volume 00:29

0.000Air Blank 00:29

0.081Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:3901/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Gulf Breeze PD

WEIERS,BLAINE

01/23/2020

684131

Gulf Breeze PD

WEIERS,BLAINE,T

RAU

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:34

# 1 0.180Subject Sample 00:37

2.023Breath Volume 00:37

Air Blank 00:38 Purge Fail

0.000Air Blank 00:39

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0301/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Gulf Breeze PD

WEIERS,BLAINE

01/23/2020

684131

Gulf Breeze PD

WEIERS,BLAINE,T

RAU

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

# 1 0.191Subject Sample 00:48 Volume Not Met

1.210Breath Volume 00:48

Air Blank 00:48 Purge Fail

0.000Air Blank 00:50

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3701/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Gulf Breeze PD

WEIERS,BLAINE

01/23/2020

684131

Gulf Breeze PD

WEIERS,BLAINE,T

RAU

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:54

# 1 0.194Subject Sample 00:56

1.449Breath Volume 00:56

Air Blank 00:57 RFI Detect

0.000Air Blank 00:57

0.080Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5201/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:00

Gulf Breeze PD

WEIERS,BLAINE

01/23/2020

684131

Gulf Breeze PD

WEIERS,BLAINE,T

RAU

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.181Subject Sample 01:03

1.562Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.177Subject Sample 01:06

1.777Breath Volume 01:06

0.000Air Blank 01:06

0.079Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:32:1201/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:04

11:19

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

GOFF,SARA,B

GARCIA

12/16/2018

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:24

0.000Air Blank 12:25

0.080Control Test 12:25

0.000Air Blank 12:26

# 1 0.094Subject Sample 12:27

1.503Breath Volume 12:27

0.000Air Blank 12:27

0.000Air Blank 12:29

# 2 0.088Subject Sample 12:30

1.484Breath Volume 12:30

0.000Air Blank 12:31

0.081Control Test 12:31

0.000Air Blank 12:32

OKDiagnostics Check 12:32

Data Download Date/Time: 01/17/2019 03:57

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:2001/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:41

Gulf Breeze PD

CUNNINGHAM,BENJAMIN

01/23/2020

684131

Gulf Breeze PD

SCAPIN,BRANDON,L

MULLINS

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:56

0.078Control Test 20:56

0.000Air Blank 20:57

# 1 0.148Subject Sample 20:57

3.886Breath Volume 20:57

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.154Subject Sample 21:00

3.507Breath Volume 21:00

0.000Air Blank 21:01

0.079Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 02/19/2019 00:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:3701/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:52

Gulf Breeze PD

SCAPIN,BRANDON

01/23/2020

684131

Gulf Breeze PD

SCAPIN,BRANDON,L

WILLIS

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.080Control Test 04:21

0.000Air Blank 04:21

# 1 0.159Subject Sample 04:22

1.355Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.144Subject Sample 04:26

2.167Breath Volume 04:26

0.000Air Blank 04:26

0.081Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 02/19/2019 00:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:06:5801/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:25

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

BANKS,SEAN,C

JOHNSON

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:00

0.000Air Blank 16:01

0.080Control Test 16:01

0.000Air Blank 16:02

# 1 0.000Subject Sample 16:02

2.089Breath Volume 16:02

0.000Air Blank 16:03

0.000Air Blank 16:05

# 2 0.000Subject Sample 16:05

1.503Breath Volume 16:05

0.000Air Blank 16:06

0.081Control Test 16:06

0.000Air Blank 16:06

OKDiagnostics Check 16:06

Data Download Date/Time: 02/19/2019 00:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1401/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:18

Gulf Breeze PD

YOUNGREN,DENNIS

01/23/2020

684131

Gulf Breeze PD

YOUNGREN,DENNIS,A

FINNEY

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:31

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

# 1 0.167Subject Sample 03:33

1.300Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.166Subject Sample 03:36

2.042Breath Volume 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 02/19/2019 00:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:37:0101/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:10

05:40

Gulf Breeze PD

BANKS,SEAN

01/23/2020

684131

Gulf Breeze PD

BANKS,SEAN,C

WADE

01/16/2019

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:30

0.000Air Blank 06:30

0.079Control Test 06:31

0.000Air Blank 06:31

# 1 0.000Subject Sample 06:32

3.242Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.000Subject Sample 06:35

2.636Breath Volume 06:35

0.000Air Blank 06:36

0.078Control Test 06:36

0.000Air Blank 06:36

OKDiagnostics Check 06:37

Data Download Date/Time: 02/19/2019 00:24

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:2101/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:22

FHP Troop L

HUCKABEE,NICKOLAS

01/05/2020

31517080A1

FHP Troop L

HATT,CODY,L

GILCHRIST

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

# 1 0.208Subject Sample 04:36

3.761Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:39

# 2 0.198Subject Sample 04:39

1.222Breath Volume 04:39

0.000Air Blank 04:40

0.076Control Test 04:40

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4201/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:43

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

BAIN JR

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

# 1 0.194Subject Sample 01:41

1.882Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.194Subject Sample 01:44

1.996Breath Volume 01:44

0.000Air Blank 01:44

0.079Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:3701/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:55

St. Lucie County SO

KIERNAN,EVAN

01/05/2020

31517080A1

St. Lucie County SO

WALTENBURG,MARCUS,A

VOLL

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.000Subject Sample 00:22

3.410Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.000Subject Sample 00:25

2.218Breath Volume 00:25

0.000Air Blank 00:25

0.078Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:33:0701/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:45

10:05

FHP Troop K

MAURANCY,FRANNY

01/05/2020

31517080A1

FHP Troop K

SHAFIQUE,BILAL,M

PEREZ LOPEZ

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:25

0.000Air Blank 11:26

0.079Control Test 11:26

0.000Air Blank 11:27

# 1 0.103Subject Sample 11:28

1.222Breath Volume 11:28

0.000Air Blank 11:28

0.000Air Blank 11:30

# 2 0.102Subject Sample 11:31

1.628Breath Volume 11:31

0.000Air Blank 11:32

0.077Control Test 11:32

0.000Air Blank 11:33

OKDiagnostics Check 11:33

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4301/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:56

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

PEREIRA

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.079Control Test 03:58

0.000Air Blank 03:59

# 1 0.158Subject Sample 04:00

1.480Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.160Subject Sample 04:03

1.250Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0801/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

20:30

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

MIANO

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.080Control Test 21:38

0.000Air Blank 21:38

# 1 0.145Subject Sample 21:39

1.675Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:41

# 2 0.143Subject Sample 21:42

1.703Breath Volume 21:42

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5001/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:59

St. Lucie County SO

KIERNAN,EVAN

01/05/2020

31517080A1

St. Lucie County SO

WALTENBURG,MARCUS,A

ALBA

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

Air Blank 22:35 RFI Detect

0.000Air Blank 22:35

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1701/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

20:59

St. Lucie County SO

KIERNAN,EVAN

01/05/2020

31517080A1

St. Lucie County SO

WALTENBURG,MARCUS,A

ALBA

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.079Control Test 22:37

0.000Air Blank 22:38

# 1 0.204Subject Sample 22:38

2.054Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.204Subject Sample 22:41

2.019Breath Volume 22:41

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0801/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:14

Fort Pierce PD

WOODRUFF,MARK

01/05/2020

31517080A1

Fort Pierce PD

WOODRUFF,MARK,D

BROWN

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:02

# 1 0.171Subject Sample 00:02

2.871Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.147Subject Sample 00:05

1.320Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:08

# 3 0.156Subject Sample 00:09

1.339Breath Volume 00:09

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:3101/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:37

FHP Troop K

SHAFIQUE,BILAL

01/05/2020

31517080A1

FHP Troop K

SHAFIQUE,BILAL,M

ALMONTE

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:15

0.000Air Blank 09:16

0.079Control Test 09:16

0.000Air Blank 09:16

# 1 0.136Subject Sample 09:18

2.585Breath Volume 09:18

0.000Air Blank 09:18

0.000Air Blank 09:20

# 2 0.135Subject Sample 09:20

2.285Breath Volume 09:20

0.000Air Blank 09:21

0.078Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 01/29/2019 07:53

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:5701/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:32

St. Lucie County SO

HETZER-HARRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

WALTENBURG,MARCUS,A

ANDERSON

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:13

# 1 0.022Subject Sample 02:14

1.761Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.019Subject Sample 02:17

1.324Breath Volume 02:17

0.000Air Blank 02:18

0.078Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1401/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:35

St. Lucie County SO

WALTENBURG,MARCUS

01/05/2020

31517080A1

St. Lucie County SO

WALTENBURG,MARCUS,A

DOYLE

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.079Control Test 01:11

0.000Air Blank 01:12

# 1 0.196Subject Sample 01:13

1.476Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.184Subject Sample 01:16

1.691Breath Volume 01:16

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:1601/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:15

St. Lucie County SO

DRAWDY,LAINE

01/05/2020

31517080A1

St. Lucie County SO

DRAWDY,LAINE,A

GARDNER

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

# 1 0.229Subject Sample 05:19

1.339Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:21

# 2 0.221Subject Sample 05:24 Volume Not Met

0.105Breath Volume 05:24

0.000Air Blank 05:25

0.000Air Blank 05:27

# 3Subject Sample 05:28 Subject Test Refused

0.035Breath Volume 05:28

0.000Air Blank 05:29

0.078Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:0301/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:47

St. Lucie County SO

HALL,RICHARD

01/05/2020

31517080A1

St. Lucie County SO

HALL,RICHARD,D

BARNARD

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:25

0.080Control Test 21:25

0.000Air Blank 21:26

# 1 0.140Subject Sample 21:27

1.417Breath Volume 21:27

0.000Air Blank 21:27

0.000Air Blank 21:29

# 2 0.138Subject Sample 21:30

1.234Breath Volume 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

OKDiagnostics Check 21:32

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:5201/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

22:57

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

ARCE

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1 0.229Subject Sample 00:26

1.859Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.224Subject Sample 00:30

1.488Breath Volume 00:30

0.000Air Blank 00:30

0.078Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:2201/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:29

Fort Pierce PD

HETZER-HARRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

WOODRUFF,MARK,D

GRIECO

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:47

0.080Control Test 05:47

0.000Air Blank 05:48

# 1 0.000Subject Sample 05:49

1.925Breath Volume 05:49

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.000Subject Sample 05:52

1.769Breath Volume 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4701/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:56

St. Lucie County SO

LIMB,HUNTER

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

WELLS

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:49

# 1 0.105Subject Sample 03:51

1.371Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.100Subject Sample 03:56 Volume Not Met

0.531Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 3 0.094Subject Sample 04:00

1.355Breath Volume 04:00

0.000Air Blank 04:00

0.078Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5401/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:34

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

CHAVEZ-RIVAS

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1 0.197Subject Sample 00:26

1.843Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:28

# 2 0.178Subject Sample 00:29

1.699Breath Volume 00:29

0.000Air Blank 00:29

0.077Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5301/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:16

Fort Pierce PD

HETZER-HARRIS,DONTE

01/05/2020

31517080A1

St. Lucie County SO

WOODRUFF,MARK,D

MITCHELL

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.197Subject Sample 03:01

2.507Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.199Subject Sample 03:04

2.832Breath Volume 03:04

0.000Air Blank 03:04

0.078Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0901/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:14

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

MONDY

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.080Control Test 20:57

0.000Air Blank 20:58

# 1 0.134Subject Sample 20:58

1.281Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.128Subject Sample 21:01

2.210Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:5701/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:20

Fort Pierce PD

WOODRUFF,MARK

01/05/2020

31517080A1

Fort Pierce PD

WOODRUFF,MARK,D

HERRERA

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:41

# 1 0.188Subject Sample 01:43

2.136Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.188Subject Sample 01:46

2.093Breath Volume 01:46

0.000Air Blank 01:47

0.078Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:2301/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:14

St. Lucie County SO

SCUOPPO,ANTHONY

01/05/2020

31517080A1

St. Lucie County SO

SCUOPPO,ANTHONY,M

O'SHEA

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.078Control Test 02:03

0.000Air Blank 02:03

# 1 0.082Subject Sample 02:04

1.972Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.083Subject Sample 02:06

1.347Breath Volume 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0801/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:30

Fort Pierce PD

RODRIGUEZ,ALEJANDRA

01/05/2020

31517080A1

Fort Pierce PD

WOODRUFF,MARK',D

FRAZIER

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.078Control Test 02:16

0.000Air Blank 02:16

# 1 0.083Subject Sample 02:17

1.289Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.082Subject Sample 02:20

1.519Breath Volume 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:41

FHP Troop L

BROWN,CODY

01/05/2020

31517080A1

FHP Troop L

PEREZ,RICKY,

SWEGAN

12/21/2018

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

# 1 0.139Subject Sample 03:29

2.039Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.136Subject Sample 03:32

1.945Breath Volume 03:32

0.000Air Blank 03:32

0.077Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 01/29/2019 07:54

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5601/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:42

FHP Troop A

RUBEL,NEIL

08/05/2019

17817080A2

FHP Troop A

RUBEL,NEIL,F

WHITEHURST

12/20/2018

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.084Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:44

0.085Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 01/30/2019 15:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:4101/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

15:53

Hamilton County SO

MILTON,CARLTON

03/05/2019

03417080A1

FL Dept of AG

MCDANIEL,JESSE,C

ARISTIDE

12/30/2018

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:53

0.000Air Blank 16:54

0.079Control Test 16:54

0.000Air Blank 16:55

# 1 0.233Subject Sample 16:55

1.289Breath Volume 16:55

0.000Air Blank 16:56

0.000Air Blank 16:58

# 2 0.234Subject Sample 16:59

1.882Breath Volume 16:59

0.000Air Blank 16:59

0.080Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 01/31/2019 18:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000797CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:1001/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:41

FL Dept of AG

BUCKLES,SCHIEFER

03/05/2019

03417080A1

FL Dept of AG

BUCKLES,SCHIEFER,S

MOON

12/30/2018

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.082Control Test 19:18

0.000Air Blank 19:19

# 1 0.040Subject Sample 19:19

2.167Breath Volume 19:19

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.040Subject Sample 19:23

2.378Breath Volume 19:23

0.000Air Blank 19:24

0.081Control Test 19:24

0.000Air Blank 19:25

OKDiagnostics Check 19:25

Data Download Date/Time: 01/31/2019 18:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:11

Hillsborough Co SO

HEADLEY,B

01/05/2020

31517080A1

Temple Terrace PD

BARNES AVERY,DAVARIA,C

POLANCO

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

3.292Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:51

3.304Breath Volume 01:51

0.000Air Blank 01:52

0.077Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 01/10/2019 19:46

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:34

Hillsborough Co SO

SNAGGS,S

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

RAVELO

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

# 1 0.031Subject Sample 04:26

3.144Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.030Subject Sample 04:29

2.531Breath Volume 04:29

0.000Air Blank 04:30

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 01/10/2019 19:46

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2901/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:55

Hillsborough Co SO

VELAZQUEZ,B

01/05/2020

31517080A1

U of So FL Campus PD

DAIL,JULIE,A

FOLINO

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:09

# 1 0.000Subject Sample 01:10

1.695Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2 0.000Subject Sample 01:13

2.070Breath Volume 01:13

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0101/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:16

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

BLANCO JR

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

# 1 0.174Subject Sample 22:56

1.425Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:58

# 2 0.174Subject Sample 22:59

1.242Breath Volume 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:0801/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:08

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

CASAVANT

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.269Subject Sample 03:38

1.265Breath Volume 03:38

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.235Subject Sample 03:41

1.578Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:43

# 3 0.252Subject Sample 03:44

1.640Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:4601/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:43

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

HERNANDEZ

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.081Control Test 05:55

0.000Air Blank 05:56

# 1 0.153Subject Sample 05:57

1.523Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.149Subject Sample 06:00

1.691Breath Volume 06:00

0.000Air Blank 06:00

0.080Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5801/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:14

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

B516423957300

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

# 1 0.154Subject Sample 01:17

1.652Breath Volume 01:17

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.163Subject Sample 01:20

1.800Breath Volume 01:20

0.000Air Blank 01:21

0.079Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:5901/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:24

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

FERNANDEZ

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.127Subject Sample 23:11

2.183Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.132Subject Sample 23:14

2.007Breath Volume 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5601/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:55

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

ORJUELA

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

# 1 0.108Subject Sample 02:46

2.171Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.108Subject Sample 02:49

2.199Breath Volume 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 01/10/2019 19:47

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5601/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:44

Hillsborough Co SO

VISSER,A

01/05/2020

31517080A1

Tampa PD

MONTGOMERY,ALECIA,L

SAILS

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:26

0.000Air Blank 02:26

# 1 0.219Subject Sample 02:28

1.656Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.217Subject Sample 02:31

2.085Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:33

Hillsborough Co SO

VAN TREESE,S

01/05/2020

31517080A1

Tampa PD

TORRES,JENIFER,

MARSH

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1 0.207Subject Sample 03:19

2.300Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.204Subject Sample 03:23

2.492Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:24

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:3801/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:48

Hillsborough Co SO

BAILEY,D

01/05/2020

31517080A1

Tampa PD

MCMINN,KATHY,

EDWARDS

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.081Control Test 01:23

0.000Air Blank 01:24

# 1 0.168Subject Sample 01:25

2.148Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.178Subject Sample 01:28

1.937Breath Volume 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2501/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:05

Hillsborough Co SO

CAMPBELL,J

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

NORTHERN

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4401/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:52

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

LEVAY

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.081Control Test 22:36

0.000Air Blank 22:36

# 1 0.033Subject Sample 22:37

4.113Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.032Subject Sample 22:40

4.167Breath Volume 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:58

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

TUMBLIN

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1 0.235Subject Sample 02:02

2.777Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.228Subject Sample 02:05

2.945Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3901/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:46

Hillsborough Co SO

CAMPBELL,J

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

ROVELLADA

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:41

# 1 0.193Subject Sample 03:42

2.125Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.199Subject Sample 03:45

1.625Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1501/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:54

Hillsborough Co SO

SCHAEFER,J

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

VARONA MAYORASGO

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

# 1 0.167Subject Sample 04:40

1.914Breath Volume 04:40

0.000Air Blank 04:40

0.000Air Blank 04:42

# 2 0.148Subject Sample 04:43

1.402Breath Volume 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:3301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:56

Hillsborough Co SO

CAMPBELL,J

01/05/2020

31517080A1

Hillsborough Co SO

HOLLAND,CHARLEENE,N

WINSTEAD

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:34

# 1 0.000Subject Sample 00:35

3.597Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.000Subject Sample 00:38

3.558Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:2801/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:08

Hillsborough Co SO

BRABOND,M

01/05/2020

31517080A1

Tampa PD

DISMORE,NANCY,J

SHEVLIN

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:53

0.000Air Blank 04:54

0.080Control Test 04:54

0.000Air Blank 04:54

# 1 0.168Subject Sample 04:57

1.601Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.173Subject Sample 05:01

1.753Breath Volume 05:01

0.000Air Blank 05:02

0.078Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0201/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:14

Hillsborough Co SO

MOREJON,A

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

SMITH

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.235Subject Sample 01:02

1.421Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.246Subject Sample 01:06

3.281Breath Volume 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:08

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:1401/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:03

Hillsborough Co SO

PALFY,R

01/05/2020

31517080A1

FHP Troop C

DISMORE,NANCY,J

MCNEIL

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.000Subject Sample 03:13

1.246Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:16

1.695Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:3501/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:34

Hillsborough Co SO

WASHINGTON,D

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

LEWIS

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

# 1 0.188Subject Sample 21:29

1.125Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.221Subject Sample 21:33

2.515Breath Volume 21:33

0.000Air Blank 21:34

0.000Air Blank 21:35

# 3 0.221Subject Sample 21:36

2.500Breath Volume 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4201/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:32

Hillsborough Co SO

BARLAUG,G

01/05/2020

31517080A1

Tampa PD

HOLLAND,CHARLEENE,N

GAVIRIA

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.148Subject Sample 02:17

2.632Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.128Subject Sample 02:20

1.390Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:3001/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:28

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

DISMORE,NANCY,J

HERNANDEZ LOPEZ

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1 0.198Subject Sample 02:18

3.683Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.211Subject Sample 02:21

3.617Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:55

Hillsborough Co SO

COSTA,A

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

HATCHER

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1 0.029Subject Sample 02:53

2.488Breath Volume 02:53

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.028Subject Sample 02:56

1.156Breath Volume 02:56

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:4401/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:31

Hillsborough Co SO

HERNANDEZ,A

01/05/2020

31517080A1

FHP Troop C

MCMINN,KATHY,

BIGGS

01/10/2019

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.081Control Test 20:19

0.000Air Blank 20:20

# 1 0.238Subject Sample 20:20

1.687Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.240Subject Sample 20:24

1.371Breath Volume 20:24

0.000Air Blank 20:24

0.079Control Test 20:25

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 02/04/2019 19:12

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:27:0601/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

08:10

FHP Troop B

NETTLES,JONATHAN

08/05/2020

1761808A1

FHP Troop B

NETTLES,JONATHAN,K

LEVERTTE

12/11/2018

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:16

0.082Control Test 09:16

0.000Air Blank 09:17

# 1Subject Sample 09:20 No Sample Provided

0.000Breath Volume 09:20

0.000Air Blank 09:20

0.000Air Blank 09:22

# 2Subject Sample 09:25 No Sample Provided

0.000Breath Volume 09:25

0.000Air Blank 09:26

0.081Control Test 09:26

0.000Air Blank 09:27

OKDiagnostics Check 09:27

Data Download Date/Time: 01/26/2019 09:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000809CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:48:5001/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:52

08:15

FHP Troop B

NETTLES,JONATHAN

08/05/2020

1761808A1

FHP Troop B

NETTLES,JONATHAN,K

LEVERETTE

12/11/2018

8100.27

DIXIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:37

0.000Air Blank 09:37

0.082Control Test 09:38

0.000Air Blank 09:38

# 1Subject Sample 09:41 No Sample Provided

0.000Breath Volume 09:41

0.000Air Blank 09:42

0.000Air Blank 09:44

# 2Subject Sample 09:47 No Sample Provided

0.000Breath Volume 09:47

0.000Air Blank 09:47

0.081Control Test 09:48

0.000Air Blank 09:48

OKDiagnostics Check 09:48

Data Download Date/Time: 01/26/2019 09:37

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000812CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:23:0501/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:55

05:57

Hernando County SO

RITCHIE,FRANCIS

02/05/2020

34917080A3

Hernando County SO

RITCHIE,FRANCIS,V

MUHAMMAD

01/09/2019

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:16

0.000Air Blank 07:16

0.081Control Test 07:16

0.000Air Blank 07:17

# 1 0.045Subject Sample 07:18

2.410Breath Volume 07:18

0.000Air Blank 07:18

0.000Air Blank 07:20

# 2 0.046Subject Sample 07:21

3.097Breath Volume 07:21

0.000Air Blank 07:22

0.080Control Test 07:22

0.000Air Blank 07:22

OKDiagnostics Check 07:23

Data Download Date/Time: 02/12/2019 03:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5301/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:51

Ocala PD

LETSON,REBECCA

04/27/2020

770784

Ocala PD

LETSON,REBECCA,G

DANIEL

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:34

# 1 0.152Subject Sample 02:38 Volume Not Met

0.187Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.166Subject Sample 02:43

3.277Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 3 0.158Subject Sample 02:48

2.710Breath Volume 02:48

0.000Air Blank 02:48

0.082Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:2701/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:42

Marion County SO

ESQUIVEL,ANTHONY

04/27/2020

770784

Marion County SO

STILLION,JUSTIN,A

GLICKMAN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.081Control Test 19:33

0.000Air Blank 19:33

# 1Subject Sample 19:34 Subject Test Refused

0.000Breath Volume 19:34

0.000Air Blank 19:34

0.082Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:4601/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:10

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

PLAZA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.081Control Test 03:30

0.000Air Blank 03:31

# 1 0.178Subject Sample 03:33

2.359Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:35

# 2 0.177Subject Sample 03:36

1.613Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5901/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:45

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

SHUMAN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.081Control Test 01:25

0.000Air Blank 01:25

# 1 0.291Subject Sample 01:26

3.839Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.284Subject Sample 01:29

4.144Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2001/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:56

Ocala PD

LETSON,REBECCA

04/27/2020

770784

Ocala PD

LETSON,REBECCA,G

GONZAGA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.080Control Test 01:48

0.000Air Blank 01:48

# 1Subject Sample 01:48 RFI Detect

0.000Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:56

Ocala PD

LETSON,REBECCA

04/27/2020

770784

Ocala PD

LETSON,REBECCA,G

GONZAGA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:53 RFI Detect

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2001/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:56

Ocala PD

LETSON,REBECCA

04/27/2020

770784

Ocala PD

LETSON,REBECCA,G

GONZAGA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:57

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

# 1 0.167Subject Sample 01:58

1.664Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.168Subject Sample 02:01

2.031Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5801/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

03:19

FHP Troop B

UMANA,RAUL

04/27/2020

770784

FHP Troop B

UMANA,RAUL,J

MENDEZ

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.080Control Test 03:52

0.000Air Blank 03:53

# 1Subject Sample 03:54 Subject Test Refused

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:16

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

GRIFFIN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.081Control Test 04:53

0.000Air Blank 04:54

# 1Subject Sample 04:55 Subject Test Refused

0.000Breath Volume 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:4701/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:16

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

GRIFFIN

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:02

0.000Air Blank 05:02

# 1 0.159Subject Sample 05:03

2.519Breath Volume 05:03

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.154Subject Sample 05:06

2.578Breath Volume 05:06

0.000Air Blank 05:06

0.080Control Test 05:07

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0401/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:25

Marion County SO

RAFFERTY,CHRISTOPHER

04/27/2020

770784

Marion County SO

RAFFERTY,CHRISTOPHER,J

CAMPBELL

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.082Control Test 02:04

0.000Air Blank 02:05

# 1 0.230Subject Sample 02:05

2.253Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.223Subject Sample 02:08

3.191Breath Volume 02:08

0.000Air Blank 02:09

0.082Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:10

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:05:5001/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:35

14:02

FHP Troop B

BAKER,M

04/27/2020

770784

FHP Troop B

MAYS,MATTHEW,W

MANDALARI

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 14:56

0.000Air Blank 14:56

0.082Control Test 14:56

0.000Air Blank 14:57

# 1 0.193Subject Sample 14:58

2.714Breath Volume 14:58

0.000Air Blank 14:58

0.000Air Blank 15:00

# 2 0.159Subject Sample 15:01

1.230Breath Volume 15:01

0.000Air Blank 15:01

0.000Air Blank 15:03

# 3 0.163Subject Sample 15:04

1.406Breath Volume 15:04

0.000Air Blank 15:04

0.082Control Test 15:05

0.000Air Blank 15:05

OKDiagnostics Check 15:05

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:5301/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

18:02

Ocala PD

MOOREHEAD,DAVID

04/27/2020

770784

Ocala PD

MOOREHEAD,DAVID,L

SUTTON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:41

0.081Control Test 18:41

0.000Air Blank 18:42

# 1Subject Sample 18:42 RFI Detect

0.000Breath Volume 18:42

Air Blank 18:42 RFI Detect

0.000Air Blank 18:42

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:1501/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

18:02

Ocala PD

MOOREHEAD,DAVID

04/27/2020

770784

Ocala PD

MOOREHEAD,DAVID,L

SUTTON

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.345Subject Sample 18:45

1.597Breath Volume 18:45

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.352Subject Sample 18:48

2.066Breath Volume 18:48

0.000Air Blank 18:49

0.081Control Test 18:49

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 02/19/2019 11:43

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:3101/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:54

20:23

Ocala PD

JOSEPH,EDWIN

04/27/2020

437738

Ocala PD

JOSEPH,EDWIN,N

ESTRADA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

# 1 0.274Subject Sample 21:18

3.300Breath Volume 21:18

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.277Subject Sample 21:20

3.304Breath Volume 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3801/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:47

FHP Troop B

UMANA,RAUL

06/08/2019

437738

FHP Troop B

UMANA,RAUL,J

CLAROUDIO

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.081Control Test 22:22

0.000Air Blank 22:22

# 1Subject Sample 22:23 Subject Test Refused

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.081Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:3101/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

22:53

FHP Troop B

BALL,CODY

04/27/2020

770784

FHP Troop B

BALL,CODY,W

MEEKINS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.081Control Test 23:49

0.000Air Blank 23:49

# 1Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:50

0.081Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:4101/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:11

Ocala PD

LETSON,REBECCA

04/27/2020

770784

Ocala PD

LETSON,REBECCA,G

PINEDA

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.082Control Test 04:57

0.000Air Blank 04:57

# 1 0.217Subject Sample 04:58

2.851Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.206Subject Sample 05:01

2.324Breath Volume 05:01

0.000Air Blank 05:01

0.082Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:3401/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:38

FHP Troop B

PALESE,ANTHONY

06/08/2019

437738

FHP Troop B

PALESE,ANTHONY,W

GANDY

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.083Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:55 No Sample Provided

0.000Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:57

# 2 0.104Subject Sample 22:01 Volume Not Met

0.000Breath Volume 22:01

0.000Air Blank 22:01

0.081Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:1601/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:38

FHP Troop B

PALESE,ANTHONY

06/08/2019

437738

FHP Troop B

PALESE,ANTHONY,W

GANDY

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.082Control Test 22:04

0.000Air Blank 22:05

# 1 0.122Subject Sample 22:06

1.597Breath Volume 22:06

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.096Subject Sample 22:10

1.230Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 3 0.099Subject Sample 22:14

1.703Breath Volume 22:14

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:0201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:13

Dunnellon PD

RAINES,ELDON

04/27/2020

770784

Dunnellon PD

RAINES,ELDON,L

SIMPKINS

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.082Control Test 04:16

0.000Air Blank 04:17

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:19

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5601/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:06

Belleview PD

LACOGNATA,CHRISTINA

04/27/2020

770784

Belleview PD

LACOGNATA,CHRISTINA,T

NEEDHAM-WILES

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:11

0.081Control Test 02:11

0.000Air Blank 02:11

# 1Subject Sample 02:14 No Sample Provided

0.000Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2Subject Sample 02:20 No Sample Provided

0.000Breath Volume 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0901/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:06

Belleview PD

LACOGNATA,CHRISTINA

04/27/2020

770784

Belleview PD

LACOGNATA,CHRISTINA,T

NEEDHAM-WILES

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.082Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1401/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:52

FHP Troop B

CASTIGLIONE,SALVATORE

04/27/2020

770784

FHP Troop B

CASTIGLIONE,SALVATORE,M

MEZA SANCHEZ

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.082Control Test 02:33

0.000Air Blank 02:33

# 1 0.223Subject Sample 02:33

3.414Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.215Subject Sample 02:36

2.757Breath Volume 02:36

0.000Air Blank 02:37

0.082Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5801/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:50

Ocala PD

GALLOPS,NATHAN

04/27/2020

770784

Ocala PD

KNIPP,HANNAH,M

KNIPP

01/14/2019

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.082Control Test 03:56

0.000Air Blank 03:56

# 1 0.171Subject Sample 03:58

1.359Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:00

# 2 0.156Subject Sample 04:01

1.433Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 02/19/2019 11:44

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:2901/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:22

Sumter County SO

HOLLOWAY,JACOB

08/05/2020

13518080A5

Sumter County SO

LONG,ERIC,W

MARSH

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.079Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

2.746Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:01

2.781Breath Volume 23:01

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 01/27/2019 15:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:4701/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:41

05:50

Sumter County SO

ZINN,BRIAN

08/05/2020

13518080A5

Sumter County SO

BISHOP METZ,FELICIA,B

PHILLIPS

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:01

0.000Air Blank 07:02

0.080Control Test 07:02

0.000Air Blank 07:03

# 1Subject Sample 07:03 Subject Test Refused

0.000Breath Volume 07:03

0.000Air Blank 07:03

0.078Control Test 07:04

0.000Air Blank 07:04

OKDiagnostics Check 07:04

Data Download Date/Time: 01/27/2019 15:13

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3801/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:31

Sumter County SO

WILSON,DAKOTA

08/05/2020

13518080A5

Sumter County SO

LONG,ERIC,W

FAHY

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1 0.127Subject Sample 23:45

1.820Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.098Subject Sample 23:50 Volume Not Met

0.089Breath Volume 23:50

0.000Air Blank 23:51

0.000Air Blank 23:53

# 3 0.119Subject Sample 23:54

1.800Breath Volume 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:1701/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

22:36

Sumter County SO

OTERO,HECTOR

08/05/2020

13518080A5

Sumter County SO

GEOGHEGAN,ASHLEY,M

DRISKELL

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.078Control Test 23:41

0.000Air Blank 23:41

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5701/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:31

Sumter County SO

PARRISH,RICHARD

08/05/2020

13518080A5

Wildwood PD

GEOGHEGAN,ASHLEY,M

ROY

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4901/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:09

Sumter County SO

FLYNN,PATRICK

08/05/2020

13518080A5

Sumter County SO

LONG,ERIC,W

ROVERSI

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

# 1 0.163Subject Sample 02:43

1.101Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.159Subject Sample 02:47

1.914Breath Volume 02:47

0.000Air Blank 02:47

0.078Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:23:1201/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:49

15:28

Sumter County SO

BUTLER,ELIZABETH

08/05/2020

13518080A5

Sumter County SO

BISHOP METZ,FELICIA,B

MORRONE

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:16

0.000Air Blank 16:16

0.080Control Test 16:17

0.000Air Blank 16:17

# 1 0.191Subject Sample 16:18

1.296Breath Volume 16:18

0.000Air Blank 16:19

0.000Air Blank 16:20

# 2 0.193Subject Sample 16:21

1.214Breath Volume 16:21

0.000Air Blank 16:22

0.080Control Test 16:22

0.000Air Blank 16:23

OKDiagnostics Check 16:23

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3001/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

04:12

Sumter County SO

FLYNN,PATRICK

08/05/2020

13518080A5

Sumter County SO

LONG,ERIC,W

HALL

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.081Control Test 05:12

0.000Air Blank 05:13

# 1 0.177Subject Sample 05:13

1.609Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.175Subject Sample 05:16

1.289Breath Volume 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:00:4401/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

03:46

Sumter County SO

ORTIZ,B

08/05/2020

13518080A5

FHP Troop C

MARSHALL,JARROD,C

FICOCELLI

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:52

0.000Air Blank 08:52

0.080Control Test 08:52

0.000Air Blank 08:53

# 1Subject Sample 08:56 No Sample Provided

0.000Breath Volume 08:56

0.000Air Blank 08:57

0.000Air Blank 08:59

# 2Subject Sample 08:59 Subject Test Refused

0.000Breath Volume 08:59

0.000Air Blank 08:59

0.081Control Test 09:00

0.000Air Blank 09:00

OKDiagnostics Check 09:00

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:4101/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:43

22:06

Sumter County SO

WESCH,C

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

MCCAULEY

12/23/2018

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.081Control Test 23:04

0.000Air Blank 23:05

# 1Subject Sample 23:05 Subject Test Refused

0.000Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/27/2019 15:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:0201/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:01

Sumter County SO

WELLS,A

08/05/2020

13518080A5

FHP Troop C

HOLLIS,TERENCE,L

BROWN

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.121Subject Sample 00:13

3.980Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.110Subject Sample 00:16

3.078Breath Volume 00:16

0.000Air Blank 00:17

0.078Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:18

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:0601/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:41

Sumter County SO

SEELEY,B

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

CLODFELTER

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1801/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:27

Sumter County SO

FLYNN,PATRICK

08/05/2020

13518080A5

Sumter County SO

FORINASH,GARY,B

WRIGHT

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.080Control Test 21:22

0.000Air Blank 21:22

# 1 0.173Subject Sample 21:23

1.792Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:25

# 2 0.175Subject Sample 21:26

1.820Breath Volume 21:26

0.000Air Blank 21:27

0.078Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4701/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

23:50

Sumter County SO

SCHMIDT,ANDREW

08/05/2020

13518080A5

FHP Troop C

LONG,ERIC,W

DIURLIN

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:45 Subject Test Refused

0.000Breath Volume 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2601/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:23

Sumter County SO

PARRISH,R

08/05/2020

13518080A5

Wildwood PD

HOLLIS,TERENCE,L

MURAR

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000816CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:1901/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:47

01:21

Sumter County SO

OTERO,H

08/05/2020

13518080A5

Sumter County SO

HOLLIS,TERENCE,L

ARREDONDO

01/27/2019

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

# 1 0.144Subject Sample 02:09

1.218Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.149Subject Sample 02:12

1.335Breath Volume 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 02/26/2019 19:39

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:0401/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:22

CCA Citrus

HOLTZHOUSE,J

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

MENZIES

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.078Control Test 00:27

0.000Air Blank 00:28

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:30

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:0701/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

18:09

CCA Citrus

KJEKSTAD,E

08/05/2020

13518080A5

FHP Troop C

SCHOETTNER,ADRIAN,J

WALKER

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 21:00

0.078Control Test 21:00

0.000Air Blank 21:01

# 1Subject Sample 21:01 Subject Test Refused

0.000Breath Volume 21:01

0.000Air Blank 21:02

0.078Control Test 21:02

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:1901/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

19:48

CCA Citrus

FELIX,R

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

COULON

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:44

0.000Air Blank 20:44

0.078Control Test 20:45

0.000Air Blank 20:45

# 1 0.121Subject Sample 20:46

1.718Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.119Subject Sample 20:49

1.562Breath Volume 20:49

0.000Air Blank 20:50

0.079Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5101/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:05

CCA Citrus

TAYLOR,T

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

HARSHA

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.078Control Test 22:09

0.000Air Blank 22:10

# 1 0.315Subject Sample 22:13 Volume Not Met

0.253Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:15

# 2 0.271Subject Sample 22:19 Volume Not Met

0.781Breath Volume 22:19

0.000Air Blank 22:19

0.076Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:0901/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

15:35

CCA Citrus

TAYLOR,T

08/05/2020

13518080A5

Citrus County SO

ECHEVARRIA,LISA,V

KOKX

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.077Control Test 17:54

0.000Air Blank 17:54

# 1 0.219Subject Sample 17:56

1.148Breath Volume 17:56

0.000Air Blank 17:57

0.000Air Blank 17:58

# 2 0.221Subject Sample 17:59

1.480Breath Volume 17:59

0.000Air Blank 18:00

0.077Control Test 18:00

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5601/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:57

CCA Citrus

DAVENPORT,J

08/05/2020

13518080A5

FHP Troop C

SCHOETTNER,ADRIAN,J

LINDSTROM

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.078Control Test 04:59

0.000Air Blank 05:00

# 1Subject Sample 05:00 Subject Test Refused

0.000Breath Volume 05:00

0.000Air Blank 05:01

0.078Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:2801/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:48

CCA Citrus

SCHMIDT,A

08/05/2020

13518080A5

FHP Troop C

SCHOETTNER,ADRIAN,J

DANIELS

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

# 1 0.243Subject Sample 21:13

1.496Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.243Subject Sample 21:16

1.609Breath Volume 21:16

0.000Air Blank 21:17

0.078Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:3901/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:14

CCA Citrus

KELLY,M

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

WALLIN

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.078Control Test 00:12

0.000Air Blank 00:12

# 1 0.230Subject Sample 00:14

1.613Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.236Subject Sample 00:18

1.722Breath Volume 00:18

0.000Air Blank 00:18

0.077Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:2301/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:34

19:17

CCA Citrus

BLOTZ,G

08/05/2020

13518080A5

Citrus County SO

SCHOETTNER,ADRIAN,J

SANTINGA

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.079Control Test 20:01

0.000Air Blank 20:01

# 1Subject Sample 20:02 Subject Test Refused

0.000Breath Volume 20:02

0.000Air Blank 20:02

0.079Control Test 20:02

0.000Air Blank 20:03

OKDiagnostics Check 20:03

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:0001/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:10

CCA Citrus

FERRER,F

08/05/2020

13518080A5

Citrus County SO

ECHEVARRIA,LISA,V

ROLLEN

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:19

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000817CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0701/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

23:48

CCA Citrus

DAVENPORT,J

08/05/2020

13518080A5

FHP Troop C

SCHOETTNER,ADRIAN,J

TORO

12/31/2018

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.078Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 01/31/2019 10:22

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:4901/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:11

Lake County SO

DUBI,UZIEL

06/07/2021

970670

Clermont PD

BINDER,BRONSON',M

SALAZAR

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.077Control Test 01:32

0.000Air Blank 01:32

# 1 0.229Subject Sample 01:33

2.261Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.227Subject Sample 01:36

1.847Breath Volume 01:36

0.000Air Blank 01:36

0.076Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 01/01/2019 21:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1801/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:42

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

PITCHER,DARRYL,P

CORTES

12/05/2018

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:56

# 1 0.156Subject Sample 02:57

2.128Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.139Subject Sample 03:00

1.117Breath Volume 03:00

0.000Air Blank 03:01

0.075Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 01/01/2019 21:28

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:3701/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:40

Lake County SO

BINDER,BRONSON

06/07/2021

970670

Lake County SO

BINDER,BRONSON,M

KING

01/01/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.077Control Test 00:57

0.000Air Blank 00:58

# 1 0.231Subject Sample 00:58

2.242Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 2 0.223Subject Sample 01:02

2.062Breath Volume 01:02

0.000Air Blank 01:02

0.079Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 02/13/2019 20:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000823CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:1901/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

23:55

Clermont PD

BINDER,BRONSON

06/07/2021

970670

Lake County SO

BELL,ETHAN,C

GRIFFIN

01/01/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:21

# 1 0.173Subject Sample 00:23

2.828Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.147Subject Sample 00:26

1.894Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:28

# 3 0.152Subject Sample 00:29

1.515Breath Volume 00:29

0.000Air Blank 00:30

0.077Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 02/13/2019 20:11

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:44:4301/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:18

15:40

Leesburg PD

WALSH,SHANNON

02/05/2020

34917080A2

Leesburg PD

WALSH,SHANNON,L

WELCH

12/12/2018

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

0.000Air Blank 16:38

0.081Control Test 16:39

0.000Air Blank 16:39

# 1 0.000Subject Sample 16:40

3.742Breath Volume 16:40

0.000Air Blank 16:40

0.000Air Blank 16:42

# 2 0.000Subject Sample 16:43

3.738Breath Volume 16:43

0.000Air Blank 16:43

0.081Control Test 16:44

0.000Air Blank 16:44

OKDiagnostics Check 16:44

Data Download Date/Time: 01/20/2019 00:35

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:4101/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:46

16:30

Leesburg PD

DIGIACOMO,A

02/05/2020

34917080A2

Leesburg PD

WALSH,SHANNON,L

GUSTAFSON

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:08

0.081Control Test 17:08

0.000Air Blank 17:09

# 1 0.197Subject Sample 17:10

1.207Breath Volume 17:10

0.000Air Blank 17:10

0.000Air Blank 17:12

# 2 0.213Subject Sample 17:13

2.019Breath Volume 17:13

0.000Air Blank 17:13

0.080Control Test 17:14

0.000Air Blank 17:14

OKDiagnostics Check 17:14

Data Download Date/Time: 02/21/2019 23:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2201/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:26

Leesburg PD

WALSH,S

02/05/2020

34917080A2

Leesburg PD

WALSH,SHANNON,L

KOCHER

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.081Control Test 03:08

0.000Air Blank 03:09

# 1 0.000Subject Sample 03:09

3.425Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.000Subject Sample 03:13

2.421Breath Volume 03:13

0.000Air Blank 03:13

0.081Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 02/21/2019 23:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2401/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:34

Leesburg PD

WALSH,SHANNON

02/05/2020

34917080A2

Leesburg PD

WALSH,SHANNON,L

ALLI

01/19/2019

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.082Control Test 00:13

0.000Air Blank 00:13

# 1 0.183Subject Sample 00:16

1.488Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.183Subject Sample 00:19

1.691Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 02/21/2019 23:17

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000825CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:45:0201/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:27

Mount Dora PD

BEECK,BENNY

10/20/2019

583457

Mount Dora PD

COOK,JOSHUA,R

OAKS

12/31/2018

8100.27

MOUNT DORA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:37

0.000Air Blank 15:38

0.075Control Test 15:38

0.000Air Blank 15:39

# 1 0.204Subject Sample 15:40

1.656Breath Volume 15:40

0.000Air Blank 15:40

0.000Air Blank 15:42

# 2 0.198Subject Sample 15:43

1.750Breath Volume 15:43

0.000Air Blank 15:44

0.074Control Test 15:44 Control Outside Tolerance

0.000Air Blank 15:45

Data Download Date/Time: 01/04/2019 00:52

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:4701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:44

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

MCMINN,KATHY,

MALLICOTE

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:29

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:30

# 1 0.012Subject Sample 04:31

3.671Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.012Subject Sample 04:34

3.660Breath Volume 04:34

0.000Air Blank 04:34

0.079Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:5601/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

04:15

Hillsborough Co SO

FLORES,C

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

CRIADO MARRERO

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

# 1 0.192Subject Sample 05:14

1.761Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:16

# 2 0.199Subject Sample 05:17

1.546Breath Volume 05:17

0.000Air Blank 05:18

0.079Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:5901/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:50

Hillsborough Co SO

PECYLAK,M

01/05/2020

31517080A1

Hillsborough Co SO

TORRES,JENIFER,

BILAJAC

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

# 1 0.187Subject Sample 23:47

3.832Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.186Subject Sample 23:50

2.003Breath Volume 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:3501/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:16

Hillsborough Co SO

DEJESUS,V

01/05/2020

31517080A1

Hillsborough Co SO

BARNES AVERY,DAVARIA,C

FAUSTO

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:19

0.000Air Blank 23:20

# 1 0.124Subject Sample 23:21

1.332Breath Volume 23:21

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.118Subject Sample 23:24

1.433Breath Volume 23:24

0.000Air Blank 23:24

0.078Control Test 23:24

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3501/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:11

Hillsborough Co SO

GONZALEZ,D

01/05/2020

31517080A1

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MEZA-GONZALEZ

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

# 1 0.184Subject Sample 02:02

1.781Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.193Subject Sample 02:06

2.968Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0701/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:40

Hillsborough Co SO

VAN-TREESE,S

01/05/2020

31517080A1

Tampa PD

DAIL,JULIE,A

MATUTE

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.081Control Test 04:28

0.000Air Blank 04:28

# 1 0.055Subject Sample 04:32 Volume Not Met

0.089Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.058Subject Sample 04:37 Volume Not Met

0.015Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1601/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

03:13

Hillsborough Co SO

BRIZENDINE,J

01/05/2020

31517080A1

Hillsborough Co SO

DAIL,JULIE,A

VESSUP GONZALEZ

12/18/2018

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.108Subject Sample 03:38

1.535Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.106Subject Sample 03:41

3.382Breath Volume 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 01/10/2019 19:38

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:1001/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:54

03:47

Martin County SO

BLASZYK,JACOB

05/05/2019

06717080A7

Martin County SO

BLASZYK,JACOB,A

GUARCHAJ MAS

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.077Control Test 04:16

0.000Air Blank 04:16

# 1 0.112Subject Sample 04:17

1.355Breath Volume 04:17

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.109Subject Sample 04:20

1.746Breath Volume 04:20

0.000Air Blank 04:21

0.076Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:1201/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:00

14:25

Martin County SO

CUTY,J

05/05/2019

06717080A7

Martin County SO

CUTY,J,K

PARKS

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:22

0.000Air Blank 15:23

0.078Control Test 15:23

0.000Air Blank 15:24

# 1 0.000Subject Sample 15:24

1.113Breath Volume 15:24

0.000Air Blank 15:25

0.000Air Blank 15:27

# 2 0.000Subject Sample 15:29

1.386Breath Volume 15:29

0.000Air Blank 15:30

0.078Control Test 15:30

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:1901/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:02

04:13

Martin County SO

BLASZYK,JACOB

05/05/2019

06717080A7

Martin County SO

BLASZYK,JACOB,A

GARVIN

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:22

0.000Air Blank 06:22

0.078Control Test 06:22

0.000Air Blank 06:23

# 1 0.109Subject Sample 06:24

1.460Breath Volume 06:24

0.000Air Blank 06:25

0.000Air Blank 06:26

# 2Subject Sample 06:30 No Sample Provided

0.000Breath Volume 06:30

0.000Air Blank 06:30

0.000Air Blank 06:32

# 3 0.101Subject Sample 06:33

1.527Breath Volume 06:33

0.000Air Blank 06:34

0.077Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2501/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:53

Martin County SO

BLASZYK,JACOB

05/05/2019

06717080A7

Martin County SO

BLASZYK,JACOB,A

MACEDO

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:21

# 1 0.154Subject Sample 01:22

1.328Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.158Subject Sample 01:25

1.640Breath Volume 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:4801/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:43

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

RADKE

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.077Control Test 03:18

0.000Air Blank 03:18

# 1 0.189Subject Sample 03:19

1.539Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:21

# 2 0.189Subject Sample 03:22

1.523Breath Volume 03:22

0.000Air Blank 03:22

0.077Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:5101/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:26

Stuart PD

HALL,JAMES

05/05/2019

06717080A7

Stuart PD

ANGERVIL,CLAUDY,P

RIO

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.078Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:04

0.078Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1501/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

01:23

Stuart PD

HALL,JAMES

05/05/2019

06717080A7

Stuart PD

ANGERVIL,CLAUDY,P

HUGHES

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.078Control Test 02:00

0.000Air Blank 02:01

# 1 0.187Subject Sample 02:02

1.457Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.168Subject Sample 02:06

1.609Breath Volume 02:06

0.000Air Blank 02:07

0.073Control Test 02:07 Control Outside Tolerance

0.000Air Blank 02:08

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2801/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:23

Martin County SO

THOMAS,CHRISTOPHER

05/05/2019

06717080A7

Martin County SO

THOMAS,CHRISTOPHER,L

DEBONA

01/13/2019

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:58

# 1 0.268Subject Sample 02:58

3.269Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:01

# 2 0.262Subject Sample 03:01

2.996Breath Volume 03:01

0.000Air Blank 03:02

0.077Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 02/09/2019 19:58

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:2301/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:17

Astatula PD

KINNEY,CARRIANNE

02/05/2019

34416080A2

Leesburg PD

MCDONALD,TROY,P

SATTEN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:37

# 1 0.116Subject Sample 00:38

1.929Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.118Subject Sample 00:42

2.093Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 02/13/2019 20:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:4201/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:39

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

CLEVELAND

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

# 1Subject Sample 21:32 Subject Test Refused

0.000Breath Volume 21:32

0.000Air Blank 21:32

0.079Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 02/13/2019 20:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:2401/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:46

Astatula PD

APONTE,JOSHUA

02/05/2019

34416080A2

Groveland PD

CALHOUN,JOHN,A

JAWEED

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1 0.176Subject Sample 00:39

1.464Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.188Subject Sample 00:43

2.503Breath Volume 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 02/13/2019 20:19

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0901/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:27

Lake County SO

PITCHER,DARRYL

02/05/2019

34416080A2

Lake County SO

PITCHER,DARRYL,P

HORAN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:29

# 1Subject Sample 23:31 Subject Test Refused

0.000Breath Volume 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:0601/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:48

Lake County SO

VILCHES,K

02/05/2019

34416080A2

Lake County SO

VILCHES,K,

MCNERLIN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.144Subject Sample 03:44

1.832Breath Volume 03:44

0.000Air Blank 03:45

0.000Air Blank 03:46

# 2 0.155Subject Sample 03:47

1.750Breath Volume 03:47

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:3301/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:15

Astatula PD

BAUGH,JASON

02/05/2019

34416080A2

Tavares PD

CALHOUN,JOHN,A

DURHAM

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

Air Blank 21:05 RFI Detect

0.000Air Blank 21:05

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:3701/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

20:15

Astatula PD

BAUGH,JASON

02/05/2019

34416080A2

Tavares PD

CALHOUN,JOHN,A

DURHAM

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:07

0.000Air Blank 21:08

0.079Control Test 21:08

0.000Air Blank 21:09

# 1Subject Sample 21:09 Subject Test Refused

0.000Breath Volume 21:09

0.000Air Blank 21:09

0.079Control Test 21:10

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:0701/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

20:05

FHP Troop D

AKINS,GARY

02/05/2019

34416080A2

FHP Troop D

AKINS,GARY,G

BUSH

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:54

0.000Air Blank 20:55

0.080Control Test 20:55

0.000Air Blank 20:55

# 1Subject Sample 20:56 Subject Test Refused

0.000Breath Volume 20:56

0.000Air Blank 20:57

0.079Control Test 20:57

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:5601/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:21

Astatula PD

APONTE,JOSHUA

02/05/2019

34416080A2

Groveland PD

CALHOUN,JOHN,A

BESSELIEVRE

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.079Control Test 22:13

0.000Air Blank 22:14

# 1Subject Sample 22:14 Subject Test Refused

0.000Breath Volume 22:14

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

00:55

FHP Troop D

RODRIGUEZ,EDWIN

02/05/2019

34416080A2

FHP Troop D

RODRIGUEZ,EDWIN,

RODRIGUEZ

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:57

# 1 0.028Subject Sample 04:58

1.507Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:01

# 2 0.028Subject Sample 05:01

2.023Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:23:3401/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:56

08:51

FHP Troop D

GREEN,SAMUEL

02/05/2019

34416080A2

FHP Troop D

MCKENZIE,WILLIAM,S

HALL

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:17

0.000Air Blank 10:17

0.080Control Test 10:17

0.000Air Blank 10:18

# 1 0.101Subject Sample 10:18

2.789Breath Volume 10:18

0.000Air Blank 10:19

0.000Air Blank 10:21

# 2 0.097Subject Sample 10:22

2.648Breath Volume 10:22

0.000Air Blank 10:22

0.080Control Test 10:22

0.000Air Blank 10:23

OKDiagnostics Check 10:23

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:4801/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

18:51

Groveland PD

HICKMAN,J

02/05/2019

34416080A2

Groveland PD

HICKMAN,J,

FURMAN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.079Control Test 21:20

0.000Air Blank 21:20

# 1 0.126Subject Sample 21:21

1.910Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.128Subject Sample 21:25

2.089Breath Volume 21:25

0.000Air Blank 21:25

0.079Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:5601/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:12

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

FINLEY

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.080Control Test 03:41

0.000Air Blank 03:41

# 1 0.134Subject Sample 03:44 Volume Not Met

0.652Breath Volume 03:44

Air Blank 03:45 Purge Fail

0.000Air Blank 03:45

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:1801/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:12

FHP Troop D

RITTER,ALEC

02/05/2019

34416080A2

FHP Troop D

RITTER,ALEC,D

FINLEY

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.078Control Test 03:47

0.000Air Blank 03:48

# 1 0.150Subject Sample 03:50

1.523Breath Volume 03:50

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.132Subject Sample 03:54

1.156Breath Volume 03:54

0.000Air Blank 03:55

0.079Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:2801/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:42

Tavares PD

ROBERTS,DOUG

02/05/2019

34416080A2

Tavares PD

ROBERTS,DOUG,L

REYNES

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1 0.193Subject Sample 23:20

1.730Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.187Subject Sample 23:22

1.449Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5201/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:40

Tavares PD

APONTE,JOSH

02/05/2019

34416080A2

Groveland PD

ROBERTS,DOUG,J

VERA

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.079Control Test 02:45

0.000Air Blank 02:45

# 1 0.046Subject Sample 02:46

1.367Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.045Subject Sample 02:51

1.828Breath Volume 02:51

0.000Air Blank 02:51

0.082Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:08:1801/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:10

Astatula PD

BLACKWELL,DARLA

02/05/2019

34416080A2

Mount Dora PD

MCDONALD,TROY,P

SMITH

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:02

0.000Air Blank 15:02

0.080Control Test 15:02

0.000Air Blank 15:03

# 1 0.000Subject Sample 15:04

2.023Breath Volume 15:04

0.000Air Blank 15:04

0.000Air Blank 15:06

# 2 0.000Subject Sample 15:06

2.113Breath Volume 15:06

0.000Air Blank 15:07

0.080Control Test 15:07

0.000Air Blank 15:08

OKDiagnostics Check 15:08

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:2101/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

05:26

Astatula PD

JOHNAKIN,DARRELL

02/05/2019

34416080A2

Clermont PD

MCDONALD,TROY,P

MAIN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:19

0.000Air Blank 06:20

0.079Control Test 06:20

0.000Air Blank 06:21

# 1 0.115Subject Sample 06:21

1.441Breath Volume 06:21

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.120Subject Sample 06:24

1.601Breath Volume 06:24

0.000Air Blank 06:25

0.079Control Test 06:25

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:1501/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:50

FHP Troop D

ALIJAGIC,SAMIR

02/05/2019

34416080A2

FHP Troop D

ALIJAGIC,SAMIR,

LOZANO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

Air Blank 19:59 RFI Detect

0.000Air Blank 20:00

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:03:1401/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:50

FHP Troop D

ALIJAGIC,SAMIR

02/05/2019

34416080A2

FHP Troop D

ALIJAGIC,SAMIR,

LOZANO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

0.000Air Blank 20:02

0.080Control Test 20:02

Air Blank 20:02 RFI Detect

0.000Air Blank 20:03

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:05:5401/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:50

FHP Troop D

ALIJAGIC,SAMIR

02/05/2019

34416080A2

FHP Troop D

ALIJAGIC,SAMIR,

LOZANO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

Air Blank 20:05 RFI Detect

0.000Air Blank 20:05

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:16:5701/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:50

FHP Troop D

ALIJAGIC,SAMIR

02/05/2019

34416080A2

FHP Troop D

ALIJAGIC,SAMIR,

LOZANO

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:13

# 1 0.064Subject Sample 20:13

2.886Breath Volume 20:13

0.000Air Blank 20:14

0.000Air Blank 20:16

# 2Subject Sample 20:16 RFI Detect

0.000Breath Volume 20:16

Air Blank 20:16 RFI Detect

0.000Air Blank 20:16

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000836CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2101/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:32

Astatula PD

BOWMAN,THOMAS

02/05/2019

34416080A2

Lake County SO

CALHOUN,JOHN,A

LARSEN

01/01/2019

8100.27

UMATILLA PD(LAKE SO)

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1 0.241Subject Sample 23:25

3.414Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.254Subject Sample 23:28

3.238Breath Volume 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 02/13/2019 20:20

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3501/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:42

Panama City Beach PD

JONES,JAMES

02/07/2021

906364

Panama City Beach PD

JONES,JAMES,R

QUIROS MARCHENA

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.081Control Test 00:05

0.000Air Blank 00:05

# 1 0.188Subject Sample 00:06

1.914Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.186Subject Sample 00:09

1.875Breath Volume 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 02/12/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2401/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:31

Panama City Beach PD

MEEKS,JUSTIN

02/07/2021

906364

Panama City Beach PD

JONES,JAMES,R

BAUM

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:27 Subject Test Refused

0.000Breath Volume 00:27

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 02/12/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0401/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:37

Panama City Beach PD

WURST,JOSHUA

02/07/2021

906364

Panama City Beach PD

WURST,JOSHUA,D

WILSON

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

# 1 0.000Subject Sample 02:11

2.453Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.000Subject Sample 02:14

4.085Breath Volume 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 02/12/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:5501/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:08

Panama City Beach PD

WURST,JOSHUA

02/07/2021

906364

Panama City Beach PD

WURST,JOSHUA,D

DELGADO

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:47

# 1 0.137Subject Sample 19:50 Volume Not Met

0.234Breath Volume 19:50

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.156Subject Sample 19:54

1.558Breath Volume 19:54

0.000Air Blank 19:55

0.000Air Blank 19:57

# 3 0.140Subject Sample 20:00 Slope Not Level

1.382Breath Volume 20:00

Air Blank 20:00 RFI Detect

Air Blank 20:00 RFI Detect

Data Download Date/Time: 02/12/2019 11:42

10 April 2019

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:1501/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

19:08

Panama City Beach PD

WURST,JOSHUA

02/07/2021

906364

Panama City Beach PD

WURST,JOSHUA,D

DELGADO

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:06

0.079Control Test 20:06

0.000Air Blank 20:06

# 1 0.147Subject Sample 20:08

1.195Breath Volume 20:08

0.000Air Blank 20:09

0.000Air Blank 20:11

# 2 0.143Subject Sample 20:13

1.574Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 02/12/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000838CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:3101/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:15

Panama City Beach PD

WILLIAMS,ROBERT

02/07/2021

906364

Panama City Beach PD

WURST,JOSHUA,D

DALLAS

01/04/2019

8100.27

PANAMA CITY BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.080Control Test 01:03

0.000Air Blank 01:03

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:04

0.081Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 02/12/2019 11:42

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:1701/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:52

Sarasota County SO

BUEHLER,DEP

09/05/2019

19817080A2

Sarasota County SO

BUEHLER,DEP,M

GOMEZ PEREZ

12/28/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.078Control Test 02:01

0.000Air Blank 02:02

# 1 0.294Subject Sample 02:04

1.390Breath Volume 02:04

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.276Subject Sample 02:07

1.597Breath Volume 02:07

0.000Air Blank 02:08

0.076Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/30/2019 08:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:3901/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:51

Sarasota County SO

BUEHLER,DEP

09/05/2019

19817080A2

Sarasota County SO

BUEHLER,DEP,M

PERFETTO

12/28/2018

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.079Control Test 21:00

0.000Air Blank 21:00

# 1 0.181Subject Sample 21:01

2.546Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.177Subject Sample 21:04

2.816Breath Volume 21:04

0.000Air Blank 21:04

0.079Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 01/30/2019 08:14

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5901/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:13

Key West PD

TYLER,BRYAN

01/31/2020

686331

Key West PD

TYLER,BRYAN,D

NURENBERG

01/02/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.078Control Test 22:01

0.000Air Blank 22:02

# 1 0.255Subject Sample 22:02

1.613Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.235Subject Sample 22:05

1.558Breath Volume 22:05

0.000Air Blank 22:06

0.077Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 01/10/2019 13:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:2601/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:12

Key West PD

HUDSON,ANDREW

01/31/2020

686331

Key West PD

HUDSON,ANDREW,J

AUSTIN

01/02/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.078Control Test 19:59

0.000Air Blank 19:59

# 1Subject Sample 20:00 Subject Test Refused

0.000Breath Volume 20:00

0.000Air Blank 20:00

0.077Control Test 20:00

0.000Air Blank 20:01

OKDiagnostics Check 20:01

Data Download Date/Time: 01/10/2019 13:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:4901/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:27

Key West PD

TELLIER,JEREMEY

01/31/2020

686331

Key West PD

TELLIER,JEREMEY,J

CARMICHAEL

01/02/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.078Control Test 21:10

0.000Air Blank 21:10

# 1 0.060Subject Sample 21:11

2.023Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:13

# 2 0.057Subject Sample 21:14

1.394Breath Volume 21:14

0.000Air Blank 21:14

0.078Control Test 21:15

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 01/10/2019 13:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-000867CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:1001/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:50

Key West PD

HUDSON,ANDREW

01/31/2020

686331

Key West PD

HUDSON,ANDREW,J

NURENBERG

01/02/2019

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:30

0.000Air Blank 22:30

0.078Control Test 22:30

0.000Air Blank 22:31

# 1 0.161Subject Sample 22:32

1.761Breath Volume 22:32

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.157Subject Sample 22:35

1.640Breath Volume 22:35

0.000Air Blank 22:36

0.077Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 01/10/2019 13:32

10 April 2019Printed:

COBRA ©1997-2014 CMI, Inc.


