
80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4310/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:21

Orange City PD

KIBBE,BRIAN

12/01/2019

644476

Orange City PD

KIBBE,BRIAN,J

CRUZ

09/29/2019

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:08

# 1 0.167Subject Sample 03:08

1.125Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.150Subject Sample 03:12

1.566Breath Volume 03:12

0.000Air Blank 03:12

0.080Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/20/2019 14:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0010/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

21:10

Orange City PD

KIBBE,BRIAN

12/01/2019

644476

Orange City PD

KIBBE,BRIAN,J

MULRONEY

09/29/2019

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:11

0.080Control Test 23:11

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:12

1.320Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:15

1.457Breath Volume 23:15

0.000Air Blank 23:16

0.081Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 10/20/2019 14:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001132CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:4810/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:53

Orange City PD

VANZO,MICHAEL

12/01/2019

644476

Volusia County SO

HARRALSON,SAMUEL,E

WILLIAMS

09/29/2019

8100.27

VOLUSIA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.081Control Test 00:35

0.000Air Blank 00:35

# 1 0.076Subject Sample 00:36

1.945Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.078Subject Sample 00:39

1.289Breath Volume 00:39

0.000Air Blank 00:39

0.080Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 10/20/2019 14:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:0910/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:35

St. John's County SO

HUGHES,J

11/21/2019

640976

St. John's County SO

SCHROCK,LOGAN,B

CASSAVAUGH

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.081Control Test 22:33

0.000Air Blank 22:33

# 1 0.226Subject Sample 22:34

2.937Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:36

# 2 0.227Subject Sample 22:37

3.804Breath Volume 22:37

0.000Air Blank 22:38

0.078Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:2810/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:38

St. John's County SO

MONIE,JARED

11/21/2019

640976

St. John's County SO

MONIE,JARED,P

BROWNE

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:0710/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

03:08

St. John's County SO

BRIGGS,J

11/21/2019

640976

St. John's County SO

SCHROCK,LOGAN,B

ROSS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:45

# 1 0.058Subject Sample 03:46

2.722Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.051Subject Sample 03:49

1.480Breath Volume 03:49

0.000Air Blank 03:50

0.077Control Test 03:50

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3110/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:10

St. John's County SO

GREEN,D

11/21/2019

640976

St. Augustine Beach

SCHROCK,LOGAN,B

DOLSAK

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1 0.245Subject Sample 04:00

2.539Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.241Subject Sample 04:03

1.941Breath Volume 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3210/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:46

St. John's County SO

HETZLER,BRANDON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

DAVILA

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:43

# 1Subject Sample 22:46 No Sample Provided

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.099Subject Sample 22:49

2.250Breath Volume 22:49

0.000Air Blank 22:49

0.000Air Blank 22:51

# 3 0.100Subject Sample 22:52

2.250Breath Volume 22:52

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:3710/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:30

St. Augustine PD

FLOYD,JOHN

11/21/2019

640976

St. John's County SO

YARBOROUGH,ERIC,L

GANSON

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:10

0.000Air Blank 06:10

0.079Control Test 06:10

0.000Air Blank 06:11

# 1 0.166Subject Sample 06:12

3.835Breath Volume 06:12

0.000Air Blank 06:12

0.000Air Blank 06:14

# 2 0.168Subject Sample 06:15

3.796Breath Volume 06:15

0.000Air Blank 06:15

0.078Control Test 06:16

0.000Air Blank 06:16

OKDiagnostics Check 06:16

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:4910/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:57

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

ZEMLO

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:51

# 1 0.142Subject Sample 22:54 Volume Not Met

0.410Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.146Subject Sample 22:57

2.578Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 3 0.149Subject Sample 23:00

2.429Breath Volume 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1110/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:34

St. John's County SO

BRIGGS,J

11/21/2019

640976

St. John's County SO

SCHROCK,L,B

FORST

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.217Subject Sample 03:18

2.613Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.221Subject Sample 03:21

1.558Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:4810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:49

13:49

FHP Troop G

PEARCE,BRANDON

11/21/2019

640976

St. John's County SO

MILLS,SCOTT,T

SHELTON

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:17

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:18

# 1 0.000Subject Sample 15:19

3.015Breath Volume 15:19

0.000Air Blank 15:19

0.000Air Blank 15:21

# 2 0.000Subject Sample 15:22

1.578Breath Volume 15:22

Air Blank 15:22 RFI Detect

0.000Air Blank 15:22

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:0310/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

21:02

FHP Troop G

MILLS,SCOTT

11/21/2019

640976

FHP Troop G

MILLS,SCOTT,T

WILLIAMS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.081Control Test 21:38

0.000Air Blank 21:39

# 1 0.011Subject Sample 21:39

2.730Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.008Subject Sample 21:42

2.867Breath Volume 21:42

0.000Air Blank 21:43

0.079Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:44

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:45:1210/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:47

St. John's County SO

MILLER,SCOTT

11/21/2019

640976

St. John's County SO

MILLER,SCOTT,B

MURPHY

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

# 1 0.176Subject Sample 03:41

1.753Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

03:43 Improper Sample

0.000Air Blank 03:44

0.080Control Test 03:44

0.000Air Blank 03:45

OKDiagnostics Check 03:45

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:2410/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:47

St. John's County SO

MILLER,SCOTT

11/21/2019

640976

St. John's County SO

MILLER,SCOTT,B

MURPHY

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

# 1 0.175Subject Sample 03:49

2.199Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.166Subject Sample 03:51

1.925Breath Volume 03:51

0.000Air Blank 03:52

0.078Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:1010/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:30

FFWCC (Ocala)

LAWRENCE,JOSHUA

11/21/2019

640976

FFWCC (Ocala)

LAWRENCE,JOSHUA,S

CYOTE HARRIS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.081Control Test 22:48

0.000Air Blank 22:48

# 1 0.218Subject Sample 22:49

1.542Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.196Subject Sample 22:52

1.472Breath Volume 22:52

0.000Air Blank 22:53

0.000Air Blank 22:55

# 3 0.209Subject Sample 22:56

1.183Breath Volume 22:56

0.000Air Blank 22:57

0.076Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:3310/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

21:56

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

PRESTON,MIKAYLA,D

CONDRICH

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.080Control Test 22:57

0.000Air Blank 22:57

# 1Subject Sample 22:58 Subject Test Refused

0.000Breath Volume 22:58

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2810/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:58

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

BERNARD

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.080Control Test 03:41

0.000Air Blank 03:41

# 1 0.138Subject Sample 03:41

2.566Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.135Subject Sample 03:44

2.371Breath Volume 03:44

0.000Air Blank 03:45

0.080Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4110/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:21

FHP Troop G

LIMA,MICHAEL

11/21/2019

640976

FHP Troop G

LIMA,MICHAEL,A

ROTH

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.080Control Test 00:07

0.000Air Blank 00:08

# 1 0.206Subject Sample 00:09

2.089Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.196Subject Sample 00:12

1.718Breath Volume 00:12

0.000Air Blank 00:12

0.079Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3010/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:13

St. John's County SO

KUKAR,ROBERT

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

PERKINS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

# 1 0.099Subject Sample 00:13

1.914Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.094Subject Sample 00:16

1.925Breath Volume 00:16

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:1710/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:19

St. John's County SO

ELLIS,ALEXANDER

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

PELLICER

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

# 1 0.101Subject Sample 01:49

1.628Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.098Subject Sample 01:52

1.109Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:1610/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:45

19:54

St. John's County SO

KUKAR,ROBERT

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

ALBRIGHT

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:14

# 1 0.085Subject Sample 21:16

1.753Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:18

# 2 0.083Subject Sample 21:19

2.015Breath Volume 21:19

0.000Air Blank 21:20

0.079Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:4110/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:23

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

MELTON

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:03

# 1 0.080Subject Sample 22:04

2.574Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.078Subject Sample 22:07

2.324Breath Volume 22:07

0.000Air Blank 22:07

0.080Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1610/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:20

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

ARAUJO

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1Subject Sample 03:13 RFI Detect

0.000Breath Volume 03:13

Air Blank 03:13 RFI Detect

0.000Air Blank 03:14

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:4610/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:20

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

ARAUJO

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:18

0.000Air Blank 03:18

# 1 0.040Subject Sample 03:19

4.136Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.040Subject Sample 03:22

4.214Breath Volume 03:22

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:4010/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:10

St. John's County SO

EVANS,THOMAS

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

SLENTZ

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

# 1 0.097Subject Sample 03:36

4.074Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.092Subject Sample 03:39

3.464Breath Volume 03:39

0.000Air Blank 03:39

0.079Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/30/2019 12:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:3610/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:44

13:45

FHP Troop G

ROUNTREE,JUSTIN

11/21/2019

640976

FHP Troop G

ROUNTREE,JUSTIN,T

STEVENS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:05

0.000Air Blank 15:05

0.079Control Test 15:05

0.000Air Blank 15:06

# 1 0.322Subject Sample 15:07

2.140Breath Volume 15:07

0.000Air Blank 15:08

0.000Air Blank 15:10

# 2 0.326Subject Sample 15:11

2.085Breath Volume 15:11

0.000Air Blank 15:11

0.079Control Test 15:11

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:1910/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:21

St. John's County SO

CICERO,B

11/21/2019

640976

St. John's County SO

HAGLEY,ROBERT,L

DODD

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.186Subject Sample 04:12

4.320Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.193Subject Sample 04:15

3.750Breath Volume 04:15

0.000Air Blank 04:16

0.076Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:2310/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:50

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

REDDING

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

# 1 0.000Subject Sample 21:23

4.042Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.000Subject Sample 21:26

3.972Breath Volume 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0710/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:01

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

LEWIS

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.080Control Test 22:52

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0210/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:45

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

EGELAND

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.079Control Test 23:24

0.000Air Blank 23:24

# 1 0.000Subject Sample 23:25

3.210Breath Volume 23:25

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.000Subject Sample 23:30

3.015Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:32

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:04:4410/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:37

18:30

St. Augustine Beach

COLOGNE,BRANDON

11/21/2019

640976

St. John's County SO

PRESTON,MIKAYLA,D

PRYKE

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:58

0.000Air Blank 19:58

0.080Control Test 19:59

0.000Air Blank 19:59

# 1 0.292Subject Sample 20:00

1.519Breath Volume 20:00

0.000Air Blank 20:00

0.000Air Blank 20:02

# 2 0.293Subject Sample 20:03

1.996Breath Volume 20:03

0.000Air Blank 20:03

0.080Control Test 20:04

0.000Air Blank 20:04

OKDiagnostics Check 20:04

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:1810/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:32

St. Augustine Beach

PRESTON,MIKAYLA

11/21/2019

640976

St. Augustine Beach

PRESTON,MIKAYLA,D

VALENTINE

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

# 1 0.187Subject Sample 20:33

1.476Breath Volume 20:33

0.000Air Blank 20:33

0.000Air Blank 20:35

# 2 0.187Subject Sample 20:36

1.683Breath Volume 20:36

0.000Air Blank 20:37

0.079Control Test 20:37

0.000Air Blank 20:38

OKDiagnostics Check 20:38

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:03

FHP Troop G

MILLS,SCOTT

11/21/2019

640976

FHP Troop G

MILLS,SCOTT,T

CABRAL

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.080Control Test 22:40

0.000Air Blank 22:40

# 1 0.194Subject Sample 22:41

2.621Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:43

# 2 0.205Subject Sample 22:44

2.519Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001133CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:0010/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:50

St. John's County SO

FIGUEROA,KAI

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

FILBEY

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

# 1Subject Sample 19:41 Interferent Detect

2.183Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:43

Data Download Date/Time: 10/30/2019 12:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0110/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

18:46

St. John's County SO

THOMPSON,MASON

12/11/2021

1060911

St. John's County SO

THOMPSON,MASON,E

CROOKER

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.078Control Test 20:42

0.000Air Blank 20:43

# 1Subject Sample 20:43 Subject Test Refused

0.000Breath Volume 20:43

0.000Air Blank 20:44

0.078Control Test 20:44

0.000Air Blank 20:44

OKDiagnostics Check 20:45

Data Download Date/Time: 10/30/2019 12:32

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:3110/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:52

St. Augustine Beach

BRIGGS,JASON

12/11/2021

1060911

St. John's County SO

CLINE,BRUCE,L

TOLLIVER

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

# 1Subject Sample 03:53 No Sample Provided

0.000Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2Subject Sample 03:59 No Sample Provided

0.000Breath Volume 03:59

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/30/2019 12:32

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:5110/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:59

St. Augustine PD

SHIRSHIKOVA,ALINA

12/11/2021

1060911

St. Augustine PD

SHIRSHIKOVA,ALINA,A

LANZILLOTTI

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.078Control Test 02:30

0.000Air Blank 02:30

# 1 0.254Subject Sample 02:32

1.300Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.236Subject Sample 02:36

1.750Breath Volume 02:36

0.000Air Blank 02:36

0.078Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 10/30/2019 12:32

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3510/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:32

St. John's County SO

MONIE,JARED

12/11/2021

1060911

St. John's County SO

MONIE,JARED,P

GOODKNIGHT

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:46

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/30/2019 12:32

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001134CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2710/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:41

St. John's County SO

BRIGGS,JASON

12/11/2021

1060911

St. John's County SO

MONIE,JARED,P

FLOYD

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.078Control Test 03:34

0.000Air Blank 03:35

# 1 0.178Subject Sample 03:35

1.730Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.182Subject Sample 03:38

1.605Breath Volume 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/30/2019 12:32

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5110/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:18

Daytona Beach PD

MARTIN,STERLING

10/12/2021

1031121

Daytona Beach PD

MARTIN,STERLING,R

RANNEKLEN

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.203Subject Sample 00:28

1.773Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 2 0.202Subject Sample 00:32

1.828Breath Volume 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:0410/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:22

Daytona Beach PD

DUNNE,JUSTIN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

MULWA

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

# 1Subject Sample 02:25 Subject Test Refused

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:27

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:1010/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:51

Daytona Beach PD

QUINONES,BRYAN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

DILL

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:39

0.081Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0910/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:09

Daytona Beach PD

BAZE,KAYLOR

10/12/2021

1031121

Daytona Beach PD

MARTIN,STERLING,R

DAWLEY

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:53

0.080Control Test 22:53

0.000Air Blank 22:53

# 1 0.178Subject Sample 22:54

2.121Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:56

# 2 0.169Subject Sample 22:57

2.105Breath Volume 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0410/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:01

Daytona Beach PD

DUNNE,JUSTIN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

LOWE

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:37

# 1 0.157Subject Sample 21:40

1.707Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.150Subject Sample 21:43

1.234Breath Volume 21:43

0.000Air Blank 21:44

0.078Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:45

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:3810/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:12

Daytona Beach PD

DUNNE,JUSTIN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

MOHAMED

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:3410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:42

Daytona Beach PD

DUNNE,JUSTIN

10/12/2021

1031121

Daytona Beach PD

DUNNE,JUSTIN,R

COTTON

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.081Control Test 03:52

0.000Air Blank 03:53

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001135CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:1610/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

08:34

08:55

Daytona Beach PD

MACKENZIE,JAMES

10/12/2021

1031121

Daytona Beach PD

ONYSKI,JEFFREY,A

POOLE

09/25/2019

8100.27

DAYTONA BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:19

0.000Air Blank 09:19

0.080Control Test 09:20

0.000Air Blank 09:20

# 1Subject Sample 09:20 Subject Test Refused

0.000Breath Volume 09:20

0.000Air Blank 09:21

0.079Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 10/28/2019 15:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:0310/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:26

Deland PD

ROYCE,JAMES

06/07/2021

970670

Volusia County SO

TAGLE,TONY,

COLLARD

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:22

0.000Air Blank 23:23

0.081Control Test 23:23

0.000Air Blank 23:24

# 1 0.245Subject Sample 23:24

2.425Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.252Subject Sample 23:27

2.968Breath Volume 23:27

0.000Air Blank 23:28

0.080Control Test 23:28

0.000Air Blank 23:28

OKDiagnostics Check 23:29

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:5710/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:33

Deland PD

JAMES,ROYCE

06/07/2021

970670

Volusia County SO

WALTER,CRAIG,K

CASPER

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.080Control Test 21:13

0.000Air Blank 21:14

# 1 0.200Subject Sample 21:15

2.253Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:17

# 2 0.191Subject Sample 21:18

1.785Breath Volume 21:18

0.000Air Blank 21:19

0.079Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:3510/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:26

Deland PD

JAMES,ROYCE

06/07/2021

970670

Volusia County SO

WALTER,CRAIG,K

LABRIE

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.208Subject Sample 04:08

1.781Breath Volume 04:08

0.000Air Blank 04:08

0.000Air Blank 04:10

# 2 0.200Subject Sample 04:10

2.062Breath Volume 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:3910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:43

Deland PD

CODY,RICHARD

06/07/2021

970670

Deland PD

WALTER,CRAIG,K

VAZQUEZ BERNARDO

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

# 1 0.300Subject Sample 01:53

3.460Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.299Subject Sample 01:56

3.035Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:58

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:0010/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:00

Deland PD

WOOD,TIMOTHY

06/07/2021

970670

FHP Troop D

MALAVE,JOSE,E

DRAGON

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:19

0.080Control Test 04:20

0.000Air Blank 04:20

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:23

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001136CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:30:4410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

04:56

FHP Troop D

TAYLOR,IZOFF

06/07/2021

970670

FHP Troop D

TAYLOR,IZOFF,J

PROVINI

09/30/2019

8100.27

DELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:24

0.000Air Blank 06:25

0.080Control Test 06:25

0.000Air Blank 06:26

# 1 0.086Subject Sample 06:26

4.023Breath Volume 06:26

0.000Air Blank 06:27

0.000Air Blank 06:28

# 2 0.079Subject Sample 06:29

3.382Breath Volume 06:29

0.000Air Blank 06:29

0.080Control Test 06:30

0.000Air Blank 06:30

OKDiagnostics Check 06:30

Data Download Date/Time: 10/29/2019 12:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4310/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:16

Flagler County SO

CHEWNING,AUSTIN

08/05/2020

17618080A3

Flagler County SO

CHEWNING,AUSTIN,M

PHILLIPS

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.075Control Test 23:57

0.000Air Blank 23:58

# 1Subject Sample 23:58 Subject Test Refused

0.000Breath Volume 23:58

0.000Air Blank 23:58

0.079Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:3510/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:00

Flagler County SO

CONWAY,PHILIP

08/05/2020

17618080A3

Flagler County SO

NICOLAS,MITA,

LEDDY

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.185Subject Sample 04:02

1.914Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.197Subject Sample 04:05

1.359Breath Volume 04:05

0.000Air Blank 04:05

0.080Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:4810/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

01:02

Flagler County SO

HILL,JOHN

08/05/2020

17618080A3

Flagler County SO

KENNEDY,WILLIAM,J

ROSARIO

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.150Subject Sample 01:36

1.144Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.147Subject Sample 01:39

1.160Breath Volume 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:5310/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

22:04

Flagler County SO

LOGSDON,D

08/05/2020

17618080A3

Flagler County SO

ESTEP,J,D

JACKSON

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.164Subject Sample 22:53

2.996Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2 0.161Subject Sample 22:56

2.414Breath Volume 22:56

0.000Air Blank 22:56

0.076Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:2810/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:14

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

RAMIREZ

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.080Control Test 04:53

0.000Air Blank 04:53

# 1Subject Sample 04:54 Subject Test Refused

0.000Breath Volume 04:54

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:31:2510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:07

Flagler County SO

KOTOWSKI,PHILIP

08/05/2020

17618080A3

Flagler County SO

LONG,JOSHUA,A

GAHRING

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:24

0.000Air Blank 17:25

0.080Control Test 17:25

0.000Air Blank 17:25

# 1 0.174Subject Sample 17:26

1.179Breath Volume 17:26

0.000Air Blank 17:26

0.000Air Blank 17:28

# 2 0.174Subject Sample 17:29

1.382Breath Volume 17:29

0.000Air Blank 17:30

0.080Control Test 17:30

0.000Air Blank 17:31

OKDiagnostics Check 17:31

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:5810/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:24

Flagler County SO

CARTER,B

08/05/2020

17618080A3

Flagler County SO

ESTEP,J,D

ALEXON

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.080Control Test 21:23

0.000Air Blank 21:23

# 1 0.117Subject Sample 21:24

1.953Breath Volume 21:24

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.117Subject Sample 21:27

3.015Breath Volume 21:27

0.000Air Blank 21:28

0.079Control Test 21:28

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:17:1710/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

05:30

Flagler County SO

COWEN,A

08/05/2020

17618080A3

Flagler County SO

MARTIN,SCOTT,J

BLACK

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:05

0.000Air Blank 07:06

0.080Control Test 07:06

0.000Air Blank 07:07

# 1Subject Sample 07:10 No Sample Provided

0.000Breath Volume 07:10

0.000Air Blank 07:10

0.000Air Blank 07:12

# 2Subject Sample 07:15 No Sample Provided

0.000Breath Volume 07:15

0.000Air Blank 07:16

0.080Control Test 07:16

0.000Air Blank 07:17

OKDiagnostics Check 07:17

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:1610/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:38

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

GAROFALO

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.181Subject Sample 01:24

1.214Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.172Subject Sample 01:27

1.906Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:0210/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

01:53

Flagler County SO

CONWAY,PHILIP

08/05/2020

17618080A3

Flagler County SO

KENNEDY,WILLIAM,J

CRAWFORD

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:49

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0010/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:54

Flagler County SO

DOGGETT,S

08/05/2020

17618080A3

Flagler County SO

PRIEMER,AMANDA,M

SZIGETI

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

# 1 0.157Subject Sample 02:50

1.585Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.160Subject Sample 02:54

2.484Breath Volume 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:56

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:32:3310/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:05

11:14

Flagler County SO

GREEN,SETH

08/05/2020

17618080A3

Flagler County SO

MEYER,JEFFREY,D

AKINS

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:25

0.000Air Blank 12:25

0.081Control Test 12:26

0.000Air Blank 12:26

# 1 0.167Subject Sample 12:27

3.125Breath Volume 12:27

0.000Air Blank 12:28

0.000Air Blank 12:30

# 2 0.147Subject Sample 12:31

1.179Breath Volume 12:31

0.000Air Blank 12:31

0.080Control Test 12:31

0.000Air Blank 12:32

OKDiagnostics Check 12:32

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:4410/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

18:40

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

OSTAPENKO

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:16

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

# 1 0.170Subject Sample 20:18

2.164Breath Volume 20:18

0.000Air Blank 20:18

0.000Air Blank 20:20

# 2 0.167Subject Sample 20:21

2.019Breath Volume 20:21

0.000Air Blank 20:21

0.079Control Test 20:22

0.000Air Blank 20:22

OKDiagnostics Check 20:22

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0110/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:44

Flagler County SO

PATEL,JASON

08/05/2020

17618080A3

Flagler County SO

KENNEDY,WILLIAM,J

BERGMAN

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:46

# 1 0.270Subject Sample 00:47

2.035Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:49

# 2 0.266Subject Sample 00:50

1.757Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:52

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:43:1010/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:34

Flagler County SO

CAPELA,J

08/05/2020

17618080A3

Flagler County SO

ESTEP,J,D

DRIVER

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.080Control Test 18:41

0.000Air Blank 18:41

# 1Subject Sample 18:41 Subject Test Refused

0.000Breath Volume 18:41

0.000Air Blank 18:42

0.080Control Test 18:42

0.000Air Blank 18:43

OKDiagnostics Check 18:43

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2610/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

22:01

Flagler County SO

CONWAY,P

08/05/2020

17618080A3

Flagler County SO

TWING,BRANDON,R

TOWNS

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

# 1 0.182Subject Sample 22:41

1.652Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.182Subject Sample 22:44

1.707Breath Volume 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:5510/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:16

21:48

Flagler County SO

NGUYEN,CHRISTOPHER

08/05/2020

17618080A3

Flagler County SO

NICOLAS,MITA,

WILLIAMS

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:37

# 1 0.185Subject Sample 22:38

2.378Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.187Subject Sample 22:41

2.531Breath Volume 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5310/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:40

Flagler County SO

PREVATT,JENNIFER

08/05/2020

17618080A3

Flagler County SO

PREVATT,JENNIFER,M

KELLY

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.081Control Test 00:55

0.000Air Blank 00:55

# 1 0.184Subject Sample 00:56

2.253Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.186Subject Sample 00:59

2.195Breath Volume 00:59

0.000Air Blank 00:59

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:20

03:51

Flagler County SO

CONWAY,P

08/05/2020

17618080A3

Flagler County SO

TWING,BRANDON,R

LYNCH

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.080Control Test 04:41

0.000Air Blank 04:42

# 1Subject Sample 04:44 Subject Test Refused

0.000Breath Volume 04:44

0.000Air Blank 04:44

0.080Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001138CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:1710/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

21:02

Flagler County SO

CLAY,AARON

08/05/2020

17618080A3

Flagler County SO

NICOLAS,MITA,

PIKAARD

09/28/2019

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

# 1 0.226Subject Sample 22:05

1.492Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.220Subject Sample 22:08

1.710Breath Volume 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 11/02/2019 13:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:1910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:34

BROWARD COUNTY SO

HARRIS,MILTON

06/07/2021

970670

PEMBROKE PINES PD

FRAZIER,ANAYA,S

MYRICK

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:58

0.000Air Blank 04:58

0.082Control Test 04:58

0.000Air Blank 04:59

# 1 0.123Subject Sample 05:01

2.031Breath Volume 05:01

0.000Air Blank 05:02

0.000Air Blank 05:04

# 2 0.123Subject Sample 05:04

1.453Breath Volume 05:04

0.000Air Blank 05:05

0.081Control Test 05:05

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:5510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:21

BROWARD COUNTY SO

O'DOR,ROBERT

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

WASTALL

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.082Control Test 00:21

0.000Air Blank 00:21

# 1 0.244Subject Sample 00:22

2.078Breath Volume 00:22

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.248Subject Sample 00:26

1.691Breath Volume 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:2410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:33

BROWARD COUNTY SO

SAPP,JOSHUA

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

SPRANKLE

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

# 1 0.235Subject Sample 00:44

1.152Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.245Subject Sample 00:47

2.558Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0310/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

23:15

BROWARD COUNTY SO

KELLIHER,MICHAEL

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

CUNNINGHAM

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

# 1 0.201Subject Sample 00:20

2.308Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.195Subject Sample 00:23

1.574Breath Volume 00:23

0.000Air Blank 00:24

0.081Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:25

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:4610/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

20:49

BROWARD COUNTY SO

SGT MARTIN,JENNIFER

06/07/2021

970670

PEMBROKE PINES PD

FRAZIER,ANAYA,S

MEZAMER

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.082Control Test 22:46

0.000Air Blank 22:47

# 1 0.000Subject Sample 22:47

3.875Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.000Subject Sample 22:50

2.289Breath Volume 22:50

0.000Air Blank 22:50

0.082Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:34:2510/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

05:28

BROWARD COUNTY SO

ROJAS,RANDY

06/07/2021

970670

OTHER STATE

TILLMAN,SHEILA,L

SALAZAR

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:25

0.000Air Blank 06:26

0.082Control Test 06:26

0.000Air Blank 06:27

# 1 0.175Subject Sample 06:28

1.859Breath Volume 06:28

0.000Air Blank 06:28

0.000Air Blank 06:30

# 2 0.181Subject Sample 06:32

1.843Breath Volume 06:32

0.000Air Blank 06:33

0.081Control Test 06:33

0.000Air Blank 06:34

OKDiagnostics Check 06:34

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:2410/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

05:20

BROWARD COUNTY SO

MASTERSON,MONIQUE

06/07/2021

970670

OTHER STATE

TILLMAN,SHEILA,L

AINA

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:20

0.000Air Blank 06:21

0.081Control Test 06:21

0.000Air Blank 06:22

# 1 0.174Subject Sample 06:22

1.410Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:25

# 2 0.164Subject Sample 06:25

1.597Breath Volume 06:25

0.000Air Blank 06:26

0.081Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4010/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:53

BROWARD COUNTY SO

SAPP,JOSHUA

06/07/2021

970670

BROWARD COUNTY SO

TILLMAN,SHEILA,L

SAINT VIL

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.082Control Test 01:54

0.000Air Blank 01:55

# 1 0.232Subject Sample 01:56

1.507Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.219Subject Sample 01:59

1.933Breath Volume 01:59

0.000Air Blank 01:59

0.080Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0410/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:26

BROWARD COUNTY SO

STONER,NATHAN

06/07/2021

970670

FORT LAUDERDALE PD

FRAZIER,ANAYA,S

CEDRES

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

# 1 0.249Subject Sample 19:34

2.074Breath Volume 19:34

0.000Air Blank 19:35

0.000Air Blank 19:37

# 2 0.235Subject Sample 19:37

2.035Breath Volume 19:37

0.000Air Blank 19:38

0.081Control Test 19:38

0.000Air Blank 19:38

OKDiagnostics Check 19:39

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:30:3010/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

16:47

BROWARD COUNTY SO

RODRIGUEZ,JON

06/07/2021

970670

PEMBROKE PINES PD

TILLMAN,SHEILA,L

LAVERNIA

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:24

0.082Control Test 18:24

0.000Air Blank 18:25

# 1 0.250Subject Sample 18:26

2.425Breath Volume 18:26

0.000Air Blank 18:26

0.000Air Blank 18:28

# 2 0.259Subject Sample 18:29

1.203Breath Volume 18:29

0.000Air Blank 18:29

0.081Control Test 18:29

0.000Air Blank 18:30

OKDiagnostics Check 18:30

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:0210/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:29

BROWARD COUNTY SO

BUTLER,JOHN

06/07/2021

970670

SEMINOLE PD

FRAZIER,ANAYA,S

ADELSTEIN

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.081Control Test 21:42

0.000Air Blank 21:43

# 1 0.104Subject Sample 21:43

2.386Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:45

# 2 0.097Subject Sample 21:46

1.457Breath Volume 21:46

0.000Air Blank 21:47

0.082Control Test 21:47

0.000Air Blank 21:47

OKDiagnostics Check 21:48

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3210/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:02

BROWARD COUNTY SO

O'DOR,ROBERT

06/07/2021

970670

BROWARD COUNTY SO

GRAY,SANDRA,

ROSABAL

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.081Control Test 04:45

0.000Air Blank 04:45

# 1 0.165Subject Sample 04:46

1.937Breath Volume 04:46

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.154Subject Sample 04:49

2.312Breath Volume 04:49

0.000Air Blank 04:49

0.081Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:3110/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:20

BROWARD COUNTY SO

O'DOR,ROBERT

06/07/2021

970670

BROWARD COUNTY SO

TILLMAN,SHEILA,L

JR HARVEY

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.082Control Test 02:06

0.000Air Blank 02:06

# 1 0.189Subject Sample 02:07

2.484Breath Volume 02:07

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.200Subject Sample 02:10

1.824Breath Volume 02:10

0.000Air Blank 02:10

0.082Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:3010/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:33

BROWARD COUNTY SO

ROJAS,RANDY

06/07/2021

970670

OTHER STATE

GRAY,SANDRA,

METZLER

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.082Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:31 No Sample Provided

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.148Subject Sample 02:37 Volume Not Met

0.066Breath Volume 02:37

0.000Air Blank 02:37

0.083Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0510/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:33

BROWARD COUNTY SO

ROJAS,RANDY

06/07/2021

970670

OTHER STATE

GRAY,SANDRA,

METZLER

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:40

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:41

# 1 0.157Subject Sample 02:45 Volume Not Met

0.167Breath Volume 02:45

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2Subject Sample 02:50 No Sample Provided

0.000Breath Volume 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:52

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:4110/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:41

BROWARD COUNTY SO

DERIET,RAFAEL

06/07/2021

970670

HOLLYWOOD PD

TILLMAN,SHEILA,L

HERNANDEZ VAZQUEZ

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.083Control Test 03:46

0.000Air Blank 03:46

# 1 0.240Subject Sample 03:47

2.589Breath Volume 03:47

0.000Air Blank 03:47

0.000Air Blank 03:49

# 2 0.230Subject Sample 03:50

2.898Breath Volume 03:50

0.000Air Blank 03:50

0.081Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:3310/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

19:10

BROWARD COUNTY SO

ARMSTRONG,BRITTANY

06/07/2021

970670

BROWARD COUNTY SO

TILLMAN,SHEILA,L

MOORE

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:50

0.082Control Test 19:50

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:52

2.539Breath Volume 19:52

0.000Air Blank 19:52

0.000Air Blank 19:54

# 2 0.000Subject Sample 19:55

2.652Breath Volume 19:55

0.000Air Blank 19:55

0.081Control Test 19:55

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:5310/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:21

BROWARD COUNTY SO

SCHMERTZLER,KEVIN

06/07/2021

970670

PEMBROKE PINES PD

FRAZIER,ANAYA,S

PEREZ

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.082Control Test 23:33

0.000Air Blank 23:34

# 1 0.273Subject Sample 23:35

2.035Breath Volume 23:35

0.000Air Blank 23:36

0.000Air Blank 23:37

# 2 0.273Subject Sample 23:38

2.539Breath Volume 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:4110/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:25

BROWARD COUNTY SO

COSTANZO,T

06/07/2021

970670

PLANTATION PD

FRAZIER,ANAYA,S

HENRY

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.082Control Test 04:21

0.000Air Blank 04:22

# 1 0.174Subject Sample 04:22

2.171Breath Volume 04:22

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.177Subject Sample 04:25

1.730Breath Volume 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:2910/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:24

BROWARD COUNTY SO

KOTT,DOUG

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

SAINT REMY

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.081Control Test 04:54

0.000Air Blank 04:54

# 1 0.274Subject Sample 04:56

2.062Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:58

# 2 0.269Subject Sample 04:59

1.535Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:4610/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:58

BROWARD COUNTY SO

IRELAN,ANDREW

06/07/2021

970670

MARGATE PD

FRAZIER,ANAYA,S

ZACARIASREYES

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:22

0.000Air Blank 05:22

0.080Control Test 05:23

0.000Air Blank 05:23

# 1 0.192Subject Sample 05:24

1.910Breath Volume 05:24

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.189Subject Sample 05:27

1.851Breath Volume 05:27

0.000Air Blank 05:27

0.081Control Test 05:28

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3010/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:46

BROWARD COUNTY SO

SAPP,JOSHUA

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

FREITAS

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:54

# 1 0.200Subject Sample 01:58 Volume Not Met

0.195Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:5910/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:10

BROWARD COUNTY SO

RODRIGUEZ,JAMES

06/07/2021

970670

OTHER STATE

FRAZIER,ANAYA,S

TEMA ALVARADO

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.082Control Test 03:30

0.000Air Blank 03:30

# 1 0.212Subject Sample 03:31

1.546Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:33

# 2 0.203Subject Sample 03:34

1.261Breath Volume 03:34

0.000Air Blank 03:35

0.081Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:4510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:26

BROWARD COUNTY SO

O'DOR,ROBERT

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

HUNTT

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:22

# 1 0.066Subject Sample 04:23

1.207Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.070Subject Sample 04:26

2.285Breath Volume 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:27

20:43

BROWARD COUNTY SO

HU,HAROLD

06/07/2021

970670

MARGATE PD

FRAZIER,ANAYA,S

CARDONA GARCIA

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.141Subject Sample 22:42

2.191Breath Volume 22:42

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.145Subject Sample 22:45

2.976Breath Volume 22:45

0.000Air Blank 22:45

0.081Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0410/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:14

BROWARD COUNTY SO

LUNA,KRISTINA

06/07/2021

970670

MIRAMAR PD

FRAZIER,ANAYA,S

SAMUEL

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.082Control Test 01:13

0.000Air Blank 01:13

# 1 0.159Subject Sample 01:14

1.281Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.158Subject Sample 01:17

2.003Breath Volume 01:17

0.000Air Blank 01:18

0.081Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:19

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:1310/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:08

BROWARD COUNTY SO

BERMAN,MARC

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

ARNETTE

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.082Control Test 00:03

0.000Air Blank 00:03

# 1 0.019Subject Sample 00:04

1.921Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.019Subject Sample 00:07

2.308Breath Volume 00:07

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001139CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2210/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:45

BROWARD COUNTY SO

NAVARRO,CASIMIRO

06/07/2021

970670

BROWARD COUNTY SO

FRAZIER,ANAYA,S

ROIDIS

10/03/2019

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:28

# 1 0.246Subject Sample 02:31 Volume Not Met

0.859Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.255Subject Sample 02:35

1.632Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 3 0.258Subject Sample 02:38

1.648Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 11/13/2019 10:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001149CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5710/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:06

OTHER Local

KERLEY,CAUY

05/05/2020

05218080A3

Deland PD

RUSHWORTH,JOSEPH,D

GARNER

10/29/2019

8100.27

LAKE HELEN P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:01

0.079Control Test 00:02

0.000Air Blank 00:02

# 1 0.251Subject Sample 00:03

3.109Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:05

# 2 0.252Subject Sample 00:06

2.820Breath Volume 00:06

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 11/20/2019 14:17

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:43

MANATEE COUNTY SO

MONTEMAGNO,CARLO

03/19/2022

1111579

MANATEE COUNTY SO

MONTEMAGNO,CARLO,C

LORRAINE

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:23

0.081Control Test 21:23

0.000Air Blank 21:23

# 1 0.215Subject Sample 21:24

1.402Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:26

# 2 0.207Subject Sample 21:27

1.316Breath Volume 21:27

0.000Air Blank 21:28

0.080Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1510/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:27

MANATEE COUNTY SO

HILL,SHAUN

03/19/2022

1111579

MANATEE COUNTY SO

SPURLOCK,ROBERT,V

VELASQUEZ

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

Air Blank 23:14 RFI Detect

Air Blank 23:14 RFI Detect

Data Download Date/Time: 10/21/2019 09:46

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4510/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:27

MANATEE COUNTY SO

HILL,STEPHEN

03/19/2022

1111579

MANATEE COUNTY SO

SPURLOCK,ROBERT,V

VELASQUEZ

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

Air Blank 23:16 RFI Detect

Air Blank 23:16 RFI Detect

Data Download Date/Time: 10/21/2019 09:46

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:21:5810/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:27

MANATEE COUNTY SO

HILL,STEPHEN

03/19/2022

1111579

MANATEE COUNTY SO

SPURLOCK,ROBERT,V

VELASQUEZ

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:20

# 1Subject Sample 23:20 Subject Test Refused

0.000Breath Volume 23:20

0.000Air Blank 23:21

0.082Control Test 23:21

0.000Air Blank 23:21

OKDiagnostics Check 23:21

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:3610/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:44

MANATEE COUNTY SO

VANOVER,ANDREW

03/19/2022

1111579

MANATEE COUNTY SO

VANOVER,ANDREW,P

MCKOWN

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

Air Blank 01:20 RFI Detect

Air Blank 01:20 RFI Detect

Data Download Date/Time: 10/21/2019 09:46

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3210/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:44

MANATEE COUNTY SO

VANOVER,ANDREW

03/19/2022

1111579

MANATEE COUNTY SO

VANOVER,ANDREW,P

MCKOWN

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

# 1 0.143Subject Sample 01:23

1.304Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.139Subject Sample 01:26

1.753Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:1910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:11

14:10

MANATEE COUNTY SO

QUICK,BENJAMIN

03/19/2022

1111579

MANATEE COUNTY SO

QUICK,BENJAMIN,

RAMIREZ MARTINEZ

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:44

0.000Air Blank 14:45

0.081Control Test 14:45

0.000Air Blank 14:46

# 1 0.403Subject Sample 14:46

3.035Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:49

# 2 0.403Subject Sample 14:49

3.156Breath Volume 14:49

0.000Air Blank 14:50

0.080Control Test 14:50

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:2910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

22:14

MANATEE COUNTY SO

MONTEMAGNO,CARLO

03/19/2022

1111579

MANATEE COUNTY SO

MONTEMAGNO,CARLO,C

COTHRON

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.081Control Test 22:46

0.000Air Blank 22:46

# 1 0.103Subject Sample 22:47

2.667Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:49

# 2 0.100Subject Sample 22:50

3.640Breath Volume 22:50

0.000Air Blank 22:51

0.080Control Test 22:51

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001150CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:0210/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:04

17:46

MANATEE COUNTY SO

BIGBY,CHARLES

03/19/2022

1111579

MANATEE COUNTY SO

BIGBY,CHARLES,A

WICKLINE

09/17/2019

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.082Control Test 18:25

0.000Air Blank 18:26

# 1 0.197Subject Sample 18:27

2.101Breath Volume 18:27

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.185Subject Sample 18:30

2.089Breath Volume 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:31

OKDiagnostics Check 18:32

Data Download Date/Time: 10/21/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:3910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:51

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

NEGRON

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.078Control Test 00:48

0.000Air Blank 00:49

# 1Subject Sample 00:51 Subject Test Refused

0.000Breath Volume 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

23:51

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

NORTHWAY,GEORGIA,K

NEGRON

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.078Control Test 01:12

0.000Air Blank 01:12

# 1Subject Sample 01:12 Subject Test Refused

0.000Breath Volume 01:12

0.000Air Blank 01:13

0.077Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:0310/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

06:50

Tallahassee PD

NORTHWAY,GEORGIA

07/05/2018

14816080A3

Tallahassee PD

CROUCH,CLIFFORD,D

ALVARADO

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:24

0.000Air Blank 07:24

0.079Control Test 07:24

0.000Air Blank 07:25

# 1 0.075Subject Sample 07:26

3.542Breath Volume 07:26

0.000Air Blank 07:26

0.000Air Blank 07:28

# 2 0.072Subject Sample 07:29

3.226Breath Volume 07:29

0.000Air Blank 07:30

0.079Control Test 07:30

0.000Air Blank 07:30

OKDiagnostics Check 07:31

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5910/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:04

21:37

Tallahassee PD

KELLER,DAVID

12/05/2019

14816080A3

Tallahassee PD

KELLER,DAVID,

WEATHERSPOON

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.079Control Test 22:28

0.000Air Blank 22:29

# 1 0.084Subject Sample 22:29

2.457Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.085Subject Sample 22:32

2.496Breath Volume 22:32

0.000Air Blank 22:33

0.079Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:1410/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:00

05:20

Tallahassee PD

KELLER,DAVID

12/05/2019

14816080A3

Tallahassee PD

KELLER,DAVID,

WHITEHEAD

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:29

0.000Air Blank 06:29

0.079Control Test 06:30

0.000Air Blank 06:30

# 1 0.010Subject Sample 06:31

2.839Breath Volume 06:31

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.008Subject Sample 06:33

2.039Breath Volume 06:33

0.000Air Blank 06:34

0.079Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:5810/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

02:58

FL State University

WESTMAN,PATRICK

12/05/2019

29017080A3

FL State University

HUNTER,ROBERT,A

GONZALEZ

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:04

0.077Control Test 04:05

0.000Air Blank 04:05

# 1 0.091Subject Sample 04:06

2.859Breath Volume 04:06

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.093Subject Sample 04:09

3.753Breath Volume 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:3010/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:27

Tallahassee PD

CROUCH,CLIFFORD

07/05/2018

14816080A3

Tallahassee PD

CROUCH,CLIFFORD,D

PEREZ

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.078Control Test 00:24

0.000Air Blank 00:25

# 1Subject Sample 00:27 RFI Detect

0.347Breath Volume 00:27

Air Blank 00:27 RFI Detect

Air Blank 00:27 RFI Detect

Data Download Date/Time: 11/12/2019 14:07

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:3110/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:27

Tallahassee PD

CROUCH,CLIFFORD

07/05/2018

14816080A3

Tallahassee PD

CROUCH,CLIFFORD,D

PEREZ

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.077Control Test 00:29

0.000Air Blank 00:30

# 1 0.216Subject Sample 00:33 Volume Not Met

0.699Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 2 0.214Subject Sample 00:36

1.265Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 3 0.218Subject Sample 00:40

2.097Breath Volume 00:40

0.000Air Blank 00:40

0.077Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:3710/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:09

FL State University

JOHNSON,ANDREW

12/05/2019

29017080A3

FL State University

JOHNSON,ANDREW,L

BIRDSONG

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.079Control Test 02:49

0.000Air Blank 02:49

# 1Subject Sample 02:50 Subject Test Refused

0.000Breath Volume 02:50

0.000Air Blank 02:50

0.079Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4310/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:35

Tallahassee PD

ROY,GARY

12/05/2019

14816080A3

Tallahassee PD

ROY,GARY,

NOLAN

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

# 1 0.239Subject Sample 21:35

3.609Breath Volume 21:35

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.240Subject Sample 21:38

3.746Breath Volume 21:38

0.000Air Blank 21:38

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:2710/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:20

FL State University

WESTMAN,PATRICK

12/05/2019

29017080A3

FL State University

HUNTER,ROBERT,A

HOOPER

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.151Subject Sample 03:26

2.652Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.151Subject Sample 03:29

1.722Breath Volume 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:2510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:14

Leon County SO

PEART,WESLEY

12/05/2019

14816080A3

Leon County SO

SHEFFIELD,BRANDON,S

MATA

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:26

0.000Air Blank 19:27

0.079Control Test 19:27

0.000Air Blank 19:27

# 1Subject Sample 19:28 RFI Detect

0.000Breath Volume 19:28

0.000Air Blank 19:28

0.079Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:3410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:14

Leon County SO

PEART,WESLEY

12/02/2019

14816080A3

Leon County SO

SHEFFIELD,BRANDON,S

MATA

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.078Control Test 19:34

0.000Air Blank 19:35

# 1 0.209Subject Sample 19:36

2.363Breath Volume 19:36

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.204Subject Sample 19:39

3.699Breath Volume 19:39

0.000Air Blank 19:39

0.076Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001153CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3010/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:18

Tallahassee PD

KELLER,DAVID

12/05/2019

14816080A3

Tallahassee PD

KELLER,DAVID,

STUCK

10/02/2019

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.079Control Test 02:59

0.000Air Blank 02:59

# 1 0.215Subject Sample 03:00

2.628Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.209Subject Sample 03:03

3.160Breath Volume 03:03

0.000Air Blank 03:03

0.076Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 11/12/2019 14:07

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:50:5110/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:12

13:54

Eglin AFB PD

FOSTER,ANDREW

05/05/2020

05218080A4

Eglin AFB PD

BLACKWELL,JAMES,M

OLDS

09/17/2019

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:43

0.000Air Blank 14:44

0.078Control Test 14:44

0.000Air Blank 14:45

# 1 0.371Subject Sample 14:46

1.730Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:48

# 2 0.369Subject Sample 14:49

1.328Breath Volume 14:49

0.000Air Blank 14:49

0.076Control Test 14:50

0.000Air Blank 14:50

OKDiagnostics Check 14:50

Data Download Date/Time: 10/09/2019 13:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:4210/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:37

21:59

Eglin AFB PD

CASEY,JOSHUA

05/05/2020

05218080A4

Eglin AFB PD

CASEY,JOSHUA,P

THOMPSON

10/09/2019

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.078Control Test 23:08

0.000Air Blank 23:08

# 1 0.000Subject Sample 23:09

1.753Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.000Subject Sample 23:12

2.734Breath Volume 23:12

0.000Air Blank 23:12

0.078Control Test 23:13

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/18/2019 13:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:2810/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

00:40

23:24

Eglin AFB PD

TRAMMELL,EZELL

05/05/2020

05218080A4

Eglin AFB PD

SOWELL,JONATHAN,A

SWYKERT

10/09/2019

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.078Control Test 01:06

0.000Air Blank 01:07

# 1 0.058Subject Sample 01:07

1.750Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.056Subject Sample 01:11

1.941Breath Volume 01:11

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 11/18/2019 13:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001155CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:2610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:15

Eglin AFB PD

DELGADO,DEREK

05/05/2020

05218080A4

Eglin AFB PD

PORATH,CODY,L

CRUZ RODRIGUEZ

10/09/2019

8100.27

EGLIN AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.078Control Test 04:59

0.000Air Blank 05:00

# 1 0.173Subject Sample 05:01

1.375Breath Volume 05:01

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.187Subject Sample 05:03

1.699Breath Volume 05:03

0.000Air Blank 05:04

0.076Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 11/18/2019 13:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001156CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:22:0910/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:53

07:18

Ormond Beach PD

GAGNER,THOMAS

03/27/2022

1114319

Ormond Beach PD

WARMINGTON,WILLIAM,G

KUSEK

09/29/2019

8100.27

ORMOND BEACH P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:15

0.000Air Blank 09:15

0.080Control Test 09:16

0.000Air Blank 09:16

# 1 0.074Subject Sample 09:17

1.101Breath Volume 09:17

0.000Air Blank 09:17

0.000Air Blank 09:19

# 2 0.070Subject Sample 09:20

1.199Breath Volume 09:20

0.000Air Blank 09:21

0.080Control Test 09:21

0.000Air Blank 09:22

OKDiagnostics Check 09:22

Data Download Date/Time: 10/21/2019 11:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:0910/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:01

Daytona Beach Shores

WILLIAMS,RICHARD

07/26/2020

814183

Daytona Beach Shores

GOTZ,KATHRYN,N

MCKAY

09/19/2019

8100.27

PONCE INLET PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

# 1 0.000Subject Sample 21:13

1.898Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.000Subject Sample 21:16

1.562Breath Volume 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 10/16/2019 06:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:0810/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:15

Clermont PD

PARISH,CLINTON

03/05/2020

02618080A2

Lake County SO

KRUSE,KRISTOPHER,D

FIGUEROA

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:00

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:3110/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:35

Clermont PD

DAVILA,K

03/05/2020

02618080A2

Clermont PD

KRUSE,K,

SCOTT

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:08

# 1 0.191Subject Sample 00:10

2.789Breath Volume 00:10

0.000Air Blank 00:10

0.000Air Blank 00:12

# 2 0.194Subject Sample 00:14

1.882Breath Volume 00:14

0.000Air Blank 00:14

0.079Control Test 00:14

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:3710/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:21

20:08

Clermont PD

KRUSE,KRISTOPHER

03/05/2020

02618080A2

Clermont PD

KRUSE,KRISTOPHER,D

CARABALLO

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.079Control Test 20:43

0.000Air Blank 20:43

# 1 0.159Subject Sample 20:45

2.191Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.153Subject Sample 20:49

3.070Breath Volume 20:49

0.000Air Blank 20:49

0.080Control Test 20:50

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3810/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:44

Lake County SO

PARISH,C

03/05/2020

02618080A2

Lake County SO

DUNLAP,JASON,N

RUNO

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.079Control Test 01:29

0.000Air Blank 01:30

# 1 0.293Subject Sample 01:31

1.351Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.297Subject Sample 01:35

1.257Breath Volume 01:35

0.000Air Blank 01:35

0.078Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:3110/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

04:05

Clermont PD

REBANDO,BRIAN

03/05/2020

02618080A2

Clermont PD

KRUSE,KRISTOPHER,D

BARRIGA-SANCHEZ

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

# 1 0.182Subject Sample 04:44

2.511Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:46

# 2 0.166Subject Sample 04:48

1.320Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:0210/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:27

Clermont PD

DIAZ,WILFREDO

03/05/2020

02618080A2

Clermont PD

KRUSE,KRISTOPHER,D

DUKE

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.080Control Test 04:00

0.000Air Blank 04:00

# 1Subject Sample 04:04 No Sample Provided

0.000Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2Subject Sample 04:09 No Sample Provided

0.000Breath Volume 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:11

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001174CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:5910/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:08

Clermont PD

WRAY,S

03/05/2020

02618080A2

Clermont PD

HARPER,JIMMIE,L

NOA

09/26/2019

8100.27

CLERMONT P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

# 1Subject Sample 00:52 Subject Test Refused

0.000Breath Volume 00:52

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 11/06/2019 14:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001190CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:4410/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:17

Boynton Beach PD

CASTRO,DENNIS

01/23/2020

684131

Boynton Beach PD

CASTRO,DENNIS,

BREEN

09/27/2019

8100.27

BOYNTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

# 1Subject Sample 00:47 Subject Test Refused

0.000Breath Volume 00:47

0.000Air Blank 00:47

0.078Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 11/06/2019 09:29

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2410/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:45

Panama City PD

HERNANDEZ,LUIS

12/11/2021

1060911

Panama City PD

WALKER,JAMES,J

SORENSEN

10/01/2019

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.080Control Test 02:11

0.000Air Blank 02:12

# 1 0.195Subject Sample 02:12

2.269Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.197Subject Sample 02:15

2.007Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 10/31/2019 14:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001204CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:55

Panama City PD

CICCARELLI,R

12/11/2021

1060911

Panama City PD

WALKER,JAMES,J

BORGES

10/01/2019

8100.27

PANAMA CITY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

# 1 0.000Subject Sample 01:28

3.656Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.000Subject Sample 01:32

3.648Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 10/31/2019 14:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:5810/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:19

Hendry County SO

ANDERSON,K

09/05/2021

1012059

Hendry County SO

HESTER,JAMES,R

RUNKLES

10/10/2019

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.081Control Test 03:06

0.000Air Blank 03:07

# 1 0.176Subject Sample 03:08

2.132Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.168Subject Sample 03:11

1.558Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 10/14/2019 10:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:4910/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:23

Hendry County SO

MCNEIL,DARRIN

09/05/2021

1012059

Hendry County SO

MCNEIL,DARRIN,J

VALENZUELA

10/10/2019

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

# 1 0.094Subject Sample 23:00

2.082Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.092Subject Sample 23:03

2.343Breath Volume 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 11/12/2019 23:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001207CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:1410/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:43

Hendry County SO

MCNEIL,DARRIN

09/05/2021

1012059

Hendry County SO

MCNEIL,DARRIN,J

CROMES

10/10/2019

8100.27

HENDRY COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:21

# 1 0.119Subject Sample 22:23

1.281Breath Volume 22:23

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.114Subject Sample 22:26

2.140Breath Volume 22:26

0.000Air Blank 22:27

0.080Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 11/12/2019 23:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0610/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:03

Polk County SO

BELCHER,ALEX

02/05/2021

32518080A2

Polk County SO

BELCHER,ALEX,B

SHADRICK

09/18/2019

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.080Control Test 22:02

0.000Air Blank 22:03

# 1 0.089Subject Sample 22:04

1.667Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.099Subject Sample 22:07

2.789Breath Volume 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 10/15/2019 12:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:2910/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:32

Auburndale PD

HAVRANEK,ADAM

02/05/2021

32518080A2

Auburndale PD

HAVRANEK,ADAM,J

FRANCISCO

09/18/2019

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

# 1 0.000Subject Sample 19:26

1.839Breath Volume 19:26

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.000Subject Sample 19:30

2.285Breath Volume 19:30

0.000Air Blank 19:30

0.078Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 10/15/2019 12:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:1110/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:15

Auburndale PD

HAVRANEK,ADAM

02/05/2021

32518080A2

Auburndale PD

HAVRANEK,ADAM,J

DOOLEN

09/18/2019

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.079Control Test 01:21

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:22

0.081Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/15/2019 12:01

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:5610/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

15:00

Auburndale PD

WALL,CHRISTOPHER

02/05/2021

32518080A2

Auburndale PD

WALL,CHRISTOPHER,D

WITHERINGTON

09/18/2019

8100.27

AUBURNDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:41

0.000Air Blank 15:41

0.081Control Test 15:42

0.000Air Blank 15:42

# 1 0.000Subject Sample 15:43

1.644Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.000Subject Sample 15:46

1.507Breath Volume 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 10/15/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:5010/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:49

Polk County SO

PROPST,JOHN

06/05/2020

10818080A6

Polk County SO

MCINTOSH,HALLIE,T

BERTTY

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

# 1 0.282Subject Sample 01:08

2.105Breath Volume 01:08

Air Blank 01:09 Purge Fail

0.000Air Blank 01:09

Data Download Date/Time: 10/23/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:5810/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:49

Polk County SO

PROPST,JOHN

06/05/2020

10818080A6

Polk County SO

MCINTOSH,HALLIE,T

BERTTY

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.077Control Test 01:14

0.000Air Blank 01:14

# 1 0.288Subject Sample 01:16

1.617Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.291Subject Sample 01:20

1.632Breath Volume 01:20

0.000Air Blank 01:21

0.075Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 10/23/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:5410/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:47

12:02

FHP Troop C

ALFRED,BRANDON

06/05/2020

10818080A6

FHP Troop C

ALFRED,BRANDON,J

HARVEY

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:07

0.000Air Blank 13:07

0.080Control Test 13:08

0.000Air Blank 13:08

# 1 0.318Subject Sample 13:09

1.562Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2 0.312Subject Sample 13:12

2.562Breath Volume 13:12

0.000Air Blank 13:13

0.077Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 10/23/2019 09:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1510/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:46

Polk County SO

ALLRED,COBY

06/05/2020

10818080A6

Polk County SO

HAMILTON,ROBERT,E

GRIFFIN

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:36

# 1 0.000Subject Sample 01:38

1.664Breath Volume 01:38

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.000Subject Sample 01:40

1.695Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:0910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:35

Winter Haven PD

ZIMMERMAN,KEVIN

06/05/2020

10818080A6

Winter Haven PD

GRANTHAM,CODY,W

WHITE

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:53

0.000Air Blank 19:54

0.080Control Test 19:54

0.000Air Blank 19:55

# 1 0.197Subject Sample 19:55

1.542Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:57

# 2 0.215Subject Sample 19:58

4.031Breath Volume 19:58

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:4510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:47

Polk County SO

MOORE,MEREDITH

06/05/2020

10818080A6

Winter Haven PD

LAWES,ERIC,

SMITH

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.079Control Test 02:00

0.000Air Blank 02:00

# 1 0.183Subject Sample 02:01

1.703Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.165Subject Sample 02:05

1.941Breath Volume 02:05

0.000Air Blank 02:05

0.078Control Test 02:06

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:29

Polk County SO

SCHEIDEGG,COREY

06/05/2020

10818080A6

Polk County SO

LAWES,ERIC,

RILEY

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

# 1 0.232Subject Sample 02:27

1.496Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.230Subject Sample 02:31

2.308Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1110/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:00

Winter Haven PD

GRANTHAM,CODY

06/05/2020

10818080A6

Winter Haven PD

GRANTHAM,CODY,W

DUNORDSON

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

# 1Subject Sample 03:23 Subject Test Refused

0.000Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:3810/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

05:01

Polk County SO

PROPST,JOHN

06/05/2020

10818080A6

Polk County SO

ALSTON,SONDRA,L

GUERRERO-ARENAS

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:32

0.078Control Test 06:32

0.000Air Blank 06:33

# 1 0.135Subject Sample 06:33

1.832Breath Volume 06:33

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.141Subject Sample 06:37

2.750Breath Volume 06:37

0.000Air Blank 06:37

0.079Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:0710/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:11

FHP Troop C

ALFRED,BRANDON

06/05/2020

10818080A6

FHP Troop C

ALFRED,BRANDON,J

RIVERA RIVERA

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1 0.000Subject Sample 00:04

2.457Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.000Subject Sample 00:07

2.394Breath Volume 00:07

0.000Air Blank 00:08

0.079Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1010/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:31

Polk County SO

ALLRED,COBY

06/05/2020

10818080A6

Polk County SO

HAMILTON,ROBERT,E

MASON

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

# 1Subject Sample 00:35 No Sample Provided

0.000Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.078Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:0810/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:50

Polk County SO

LAHR,TRISTEN

06/05/2020

10818080A6

Auburndale PD

HAMILTON,ROBERT,E

ROLLE

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

# 1Subject Sample 01:17 Subject Test Refused

0.000Breath Volume 01:17

0.000Air Blank 01:18

0.079Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:1010/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

00:06

Polk County SO

HAMILTON,ROBERT

06/05/2020

10818080A6

Polk County SO

HAMILTON,ROBERT,E

NEIRA MUNOZ

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

# 1Subject Sample 00:18 No Sample Provided

0.000Breath Volume 00:18

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.000Subject Sample 00:21

1.332Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 3 0.000Subject Sample 00:24

1.433Breath Volume 00:24

0.000Air Blank 00:25

0.078Control Test 00:25

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:2910/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:59

Polk County SO

ROBERTS,DALE

06/05/2020

10818080A6

Polk County SO

ROBERTS,DALE,E

AUSTIN

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

# 1 0.195Subject Sample 01:52

2.175Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.216Subject Sample 01:55

1.847Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 3 0.217Subject Sample 01:58

1.964Breath Volume 01:58

0.000Air Blank 01:59

0.078Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:4810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:02

Polk County SO

PROPST,JOHN

06/05/2020

10818080A6

Polk County SO

ROBERTS,DALE,E

CROKER

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.079Control Test 02:08

0.000Air Blank 02:08

# 1 0.000Subject Sample 02:09

1.464Breath Volume 02:09

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.000Subject Sample 02:12

1.507Breath Volume 02:12

0.000Air Blank 02:12

0.079Control Test 02:13

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:5110/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:16

FHP Troop C

MORA,AARON

06/05/2020

10818080A6

FHP Troop C

MORA,AARON,J

GINES

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.079Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:32 No Sample Provided

0.000Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2Subject Sample 04:38 No Sample Provided

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:3310/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:32

Polk County SO

HIGGINBOTHAM,JACK

06/05/2020

10818080A6

Polk County SO

HIGGINBOTHAM,JACK,C

POWELL

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:24

# 1 0.202Subject Sample 00:26

1.976Breath Volume 00:26

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.185Subject Sample 00:30

1.644Breath Volume 00:30

0.000Air Blank 00:30

0.076Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:3910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

02:45

FHP Troop C

MORA,AARON

06/05/2020

10818080A6

FHP Troop C

MORA,AARON,J

TOMBERLIN 3

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.078Control Test 04:29

0.000Air Blank 04:29

# 1 0.137Subject Sample 04:32 Volume Not Met

0.332Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.148Subject Sample 04:36

1.320Breath Volume 04:36

0.000Air Blank 04:37

0.000Air Blank 04:38

# 3 0.144Subject Sample 04:40

1.691Breath Volume 04:40

0.000Air Blank 04:40

0.076Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:45:2310/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:18

15:08

Polk County SO

CHRISTELLO,CLIFFORD

06/05/2020

10818080A6

Polk County SO

CHRISTELLO,CLIFFORD,A

GARCIA

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:39

0.079Control Test 17:40

0.000Air Blank 17:40

# 1 0.119Subject Sample 17:40

2.246Breath Volume 17:40

0.000Air Blank 17:41

0.000Air Blank 17:43

# 2 0.129Subject Sample 17:43

2.089Breath Volume 17:43

0.000Air Blank 17:44

0.079Control Test 17:44

0.000Air Blank 17:45

OKDiagnostics Check 17:45

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:3810/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

20:28

Polk County SO

HAMILTON,ROBERT

06/05/2020

10818080A6

Polk County SO

HAMILTON,ROBERT,E

BARBA LOPEZ

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:09

0.079Control Test 21:10

0.000Air Blank 21:10

# 1Subject Sample 21:13 No Sample Provided

0.000Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2Subject Sample 21:16 Subject Test Refused

0.000Breath Volume 21:16

0.000Air Blank 21:16

0.079Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:2010/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:08

Polk County SO

PROPST,JOHN

06/05/2020

10818080A6

Polk County SO

ROBERTS,DALE,E

GONZALEZ

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:22

# 1 0.065Subject Sample 20:23

2.246Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.059Subject Sample 20:26

1.273Breath Volume 20:26

0.000Air Blank 20:27

0.079Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:2210/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:18

Polk County SO

BELCHER,ALEX

06/05/2020

10818080A6

Polk County SO

BELCHER,ALEX,B

NEVAREZ COLLAZO

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:12

0.000Air Blank 22:13

0.080Control Test 22:13

0.000Air Blank 22:13

# 1 0.148Subject Sample 22:14

1.417Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.144Subject Sample 22:17

1.121Breath Volume 22:17

0.000Air Blank 22:18

0.079Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:5310/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:01

Polk County SO

LONDON,JOHN

06/05/2020

10818080A6

Polk County SO

BELCHER,ALEX,B

NOLES

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:58

# 1 0.204Subject Sample 00:59

1.773Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:01

# 2 0.206Subject Sample 01:03

1.492Breath Volume 01:03

0.000Air Blank 01:03

0.078Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4110/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:29

Polk County SO

BELCHER,ALEX

06/05/2020

10818080A6

Polk County SO

BELCHER,ALEX,B

HASKINS

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2Subject Sample 03:43 No Sample Provided

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:3110/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

02:47

Polk County SO

SEYMOUR,KEVIN

06/05/2020

10818080A6

Auburndale PD

BELCHER,ALEX,B

OTERO

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

# 1Subject Sample 04:08 Subject Test Refused

0.000Breath Volume 04:08

0.000Air Blank 04:08

0.078Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1710/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:21

Polk County SO

SYKES,STEVEN

06/05/2020

10818080A6

Polk County SO

SYKES,STEVEN,

BAYAS

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.000Subject Sample 00:31

2.570Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.000Subject Sample 00:33

2.179Breath Volume 00:33

0.000Air Blank 00:34

0.080Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0310/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:54

Polk County SO

HIGGINBOTHAM,JACK

06/05/2020

10818080A6

Polk County SO

HIGGINBOTHAM,JACK,C

STEVENS-VREM

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

2.390Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:09

1.453Breath Volume 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001237CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1910/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

01:20

01:04

Polk County SO

LAWES,ERIC

06/05/2020

10818080A6

Polk County SO

LAWES,ERIC,

HARRIS

09/25/2019

8100.27

POLK COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:43

# 1 0.016Subject Sample 02:44

1.472Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.016Subject Sample 02:47

2.460Breath Volume 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 10/23/2019 09:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:0510/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

04:40

FHP Troop D

BENTIL,GERALD

03/01/2022

1099238

FHP Troop D

BENTIL,GERALD,

MARTINEZ

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:13

0.000Air Blank 06:13

0.082Control Test 06:14

0.000Air Blank 06:14

# 1 0.224Subject Sample 06:15

3.050Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:18

# 2 0.229Subject Sample 06:18

2.746Breath Volume 06:18

0.000Air Blank 06:19

0.082Control Test 06:19

0.000Air Blank 06:19

OKDiagnostics Check 06:20

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:0210/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:27

Clermont PD

BELL,ETHAN

03/01/2022

1099238

Clermont PD

BELL,ETHAN,C

SHERNOWITZ

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.082Control Test 03:24

0.000Air Blank 03:24

# 1 0.111Subject Sample 03:25

3.074Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:27

# 2 0.115Subject Sample 03:28

3.554Breath Volume 03:28

0.000Air Blank 03:29

0.081Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:30

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:5310/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

21:25

FHP Troop D

MCKENZIE,WILLIAM

03/01/2022

1099238

FHP Troop D

MCKENZIE,WILLIAM,S

VARGAS

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.082Control Test 02:01

0.000Air Blank 02:02

# 1 0.132Subject Sample 02:02

1.953Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.146Subject Sample 02:06

3.921Breath Volume 02:06

0.000Air Blank 02:06

0.081Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:06:3410/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

16:22

Lake County SO

CORMAN,GERALD

03/01/2022

1099238

Lake County SO

CORMAN,GERALD,E

WOOD

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:00

0.000Air Blank 18:00

0.081Control Test 18:01

0.000Air Blank 18:01

# 1 0.164Subject Sample 18:02

2.222Breath Volume 18:02

0.000Air Blank 18:02

0.000Air Blank 18:04

# 2 0.154Subject Sample 18:05

2.164Breath Volume 18:05

0.000Air Blank 18:05

0.082Control Test 18:05

0.000Air Blank 18:06

OKDiagnostics Check 18:06

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:2710/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:02

Lake County SO

CORMAN,GERALD

03/01/2022

1099238

Lake County SO

CORMAN,GERALD,E

SELLERS

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.082Control Test 00:56

0.000Air Blank 00:56

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5510/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:41

Lake County SO

CARROLL,F

03/01/2022

1099238

Fruitland Park PD

CORMAN,GERALD,E

WILSON

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.082Control Test 01:30

0.000Air Blank 01:30

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:4210/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:10

Clermont PD

BELL,ETHAN

03/01/2022

1099238

Clermont PD

BELL,ETHAN,C

SOTACK

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:21

0.000Air Blank 22:22

0.083Control Test 22:22

0.000Air Blank 22:22

# 1 0.158Subject Sample 22:24

1.878Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.159Subject Sample 22:27

1.996Breath Volume 22:27

0.000Air Blank 22:27

0.082Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:2510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:11

Eustis PD

JOHNS,BILLY

03/01/2022

1099238

Eustis PD

WADE,CODY,L

MCGOWAN

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.082Control Test 01:29

0.000Air Blank 01:29

# 1 0.000Subject Sample 01:30

1.308Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.000Subject Sample 01:33

1.906Breath Volume 01:33

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:4810/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:19

Groveland PD

APONTE,JOSHUA

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

LITSON

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.082Control Test 22:38

0.000Air Blank 22:39

# 1Subject Sample 22:39 Subject Test Refused

0.000Breath Volume 22:39

0.000Air Blank 22:39

0.081Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5310/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:47

Groveland PD

APONTE,JOSHUA

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

RIVERA

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.082Control Test 02:49

0.000Air Blank 02:49

# 1 0.217Subject Sample 02:50

3.242Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.213Subject Sample 02:53

3.441Breath Volume 02:53

0.000Air Blank 02:53

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5310/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

03:16

Lake County SO

BAUGH,J

03/01/2022

1099238

Tavares PD

CORMAN,GERALD,E

DANIEL

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.171Subject Sample 03:50

3.605Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.176Subject Sample 03:53

3.847Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:3610/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

19:38

Lake County SO

PITCHER,DARRYL

03/01/2022

1099238

Lake County SO

PITCHER,DARRYL,P

GIDDENS

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.082Control Test 21:52

0.000Air Blank 21:52

# 1 0.096Subject Sample 21:53

3.113Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.095Subject Sample 21:57

4.136Breath Volume 21:57

0.000Air Blank 21:57

0.082Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:2210/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:03

Groveland PD

APONTE,JOSHUA

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

MILLER

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.082Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:05

0.082Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:5010/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

15:51

Leesburg PD

EDMONSON,LOGAN

03/01/2022

1099238

Lake County SO

WALSH,SHANNON,L

MABRY

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.082Control Test 17:16

0.000Air Blank 17:17

# 1 0.000Subject Sample 17:17

1.535Breath Volume 17:17

0.000Air Blank 17:17

0.000Air Blank 17:19

# 2 0.000Subject Sample 17:20

1.613Breath Volume 17:20

0.000Air Blank 17:20

0.082Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:57:5410/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:32

08:37

Astatula PD

DUBI,U

03/01/2022

1099238

Clermont PD

LAJEUNESSE,J,

RABUCK

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:55

0.000Air Blank 09:55

0.083Control Test 09:55

0.000Air Blank 09:56

# 1Subject Sample 09:56 Subject Test Refused

0.000Breath Volume 09:56

0.000Air Blank 09:57

0.082Control Test 09:57

0.000Air Blank 09:57

OKDiagnostics Check 09:57

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4710/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:11

Groveland PD

APONTE,JOSHUA

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

SLAGEL

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.083Control Test 02:28

0.000Air Blank 02:29

# 1Subject Sample 02:30 Subject Test Refused

0.000Breath Volume 02:30

0.000Air Blank 02:30

0.082Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0110/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:08

Lake County SO

PITCHER,DARRYL

03/01/2022

1099238

Lake County SO

PITCHER,DARRYL,P

STONER

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.082Control Test 01:45

0.000Air Blank 01:46

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:49

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:19:0010/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:34

Clermont PD

BELL,ETHAN

03/01/2022

1099238

Clermont PD

BELL,ETHAN,C

REMINI

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:07

0.000Air Blank 17:07

0.082Control Test 17:07

0.000Air Blank 17:08

# 1 0.244Subject Sample 17:11 Volume Not Met

0.199Breath Volume 17:11

0.000Air Blank 17:12

0.000Air Blank 17:14

# 2 0.219Subject Sample 17:17 Volume Not Met

0.320Breath Volume 17:17

0.000Air Blank 17:18

0.082Control Test 17:18

0.000Air Blank 17:18

OKDiagnostics Check 17:19

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:5210/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:34

Clermont PD

BELL,ETHAN

03/01/2022

1099238

Clermont PD

BELL,ETHAN,C

REMINI

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:20

0.000Air Blank 17:21

0.081Control Test 17:21

0.000Air Blank 17:22

# 1 0.232Subject Sample 17:25 Volume Not Met

0.699Breath Volume 17:25

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2Subject Sample 17:29 Subject Test Refused

0.164Breath Volume 17:29

0.000Air Blank 17:29

0.080Control Test 17:30

0.000Air Blank 17:30

OKDiagnostics Check 17:30

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4910/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:22

Lake County SO

CARROLL,FRANK

03/01/2022

1099238

Lake County SO

RODRIGUEZ,JOSE,M

COOK

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.082Control Test 03:41

0.000Air Blank 03:42

# 1 0.102Subject Sample 03:43

3.378Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.097Subject Sample 03:46

2.199Breath Volume 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:1510/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:25

Clermont PD

BELL,ETHAN

03/01/2022

1099238

Clermont PD

BELL,ETHAN,C

WILDONGER-MUNOZ

09/25/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.082Control Test 05:21

0.000Air Blank 05:22

# 1 0.196Subject Sample 05:22

1.914Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 2 0.196Subject Sample 05:25

2.066Breath Volume 05:25

0.000Air Blank 05:26

0.082Control Test 05:26

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 10/24/2019 00:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5810/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:31

Groveland PD

APONTE,JOSHUA

03/01/2022

1099238

Groveland PD

APONTE,JOSHUA,

SANTOS LENDEBORG

10/23/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.083Control Test 02:32

0.000Air Blank 02:33

# 1 0.151Subject Sample 02:34

1.437Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.147Subject Sample 02:37

1.640Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 11/09/2019 01:24

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:4410/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:39

Groveland PD

PARISH,C

03/01/2022

1099238

Lake County SO

APONTE,JOSHUA,

MILLIGAN

10/23/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.082Control Test 03:49

0.000Air Blank 03:50

# 1Subject Sample 03:50 Subject Test Refused

0.000Breath Volume 03:50

0.000Air Blank 03:50

0.082Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 11/09/2019 01:24

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:1510/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:36

Lake County SO

PRINGLE,A

03/01/2022

1099238

Lake County SO

CHESSHER,SANDRA,W

SWAN

10/23/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:12

# 1 0.168Subject Sample 04:13

2.468Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.173Subject Sample 04:16

4.007Breath Volume 04:16

0.000Air Blank 04:17

0.082Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 11/09/2019 01:24

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001238CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:4110/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:13

Lake County SO

CLARK,KURTIS

03/01/2022

1099238

Groveland PD

BINDER,BRONSON,M

TEMPLES

10/23/2019

8100.27

LAKE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

# 1 0.112Subject Sample 04:07

3.644Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.095Subject Sample 04:10

1.253Breath Volume 04:10

0.000Air Blank 04:10

0.081Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/09/2019 01:24

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001242CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:5010/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:58

Daytona Beach Shores

DIEDESCH,LAURA

02/07/2021

906364

Daytona Beach Shores

DIEDESCH,LAURA,R

STANDRIDGE

10/16/2019

8100.27

DAYTONA BEACH SHORES

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:32

# 1 0.163Subject Sample 23:33

2.347Breath Volume 23:33

0.000Air Blank 23:33

0.000Air Blank 23:35

# 2 0.178Subject Sample 23:36

3.937Breath Volume 23:36

0.000Air Blank 23:36

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 11/23/2019 08:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001243CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:1110/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:12

15:07

Edgewater PD

BINZ,ANTHONY

04/13/2020

765462

Edgewater PD

BINZ,ANTHONY,E

RITCHIE

09/26/2019

8100.27

EDGEWATER P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:33

0.000Air Blank 15:33

0.076Control Test 15:33

0.000Air Blank 15:34

# 1 0.000Subject Sample 15:35

1.914Breath Volume 15:35

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.000Subject Sample 15:37

2.488Breath Volume 15:37

0.000Air Blank 15:38

0.076Control Test 15:38

0.000Air Blank 15:39

OKDiagnostics Check 15:39

Data Download Date/Time: 10/19/2019 10:59

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:2210/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:17

FHP Troop G

SHORTER,DENNIS

12/05/2019

29017080A3

FHP Troop G

SHORTER,DENNIS,F

WALL

10/05/2019

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.080Control Test 22:11

0.000Air Blank 22:11

# 1 0.098Subject Sample 22:15 Volume Not Met

0.839Breath Volume 22:15

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.099Subject Sample 22:20 Volume Not Met

0.371Breath Volume 22:20

0.000Air Blank 22:21

0.078Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 12/01/2019 18:54

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001244CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3810/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:36

FHP Troop G

MONTGOMERY,KENNETH

12/05/2019

29017080A3

FHP Troop G

MONTGOMERY,KENNETH,R

DAVIS

10/05/2019

8100.27

PUTNAM COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:38

# 1 0.009Subject Sample 22:39

3.660Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.008Subject Sample 22:42

3.761Breath Volume 22:42

0.000Air Blank 22:42

0.079Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/01/2019 18:54

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:3910/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:48

16:12

Port Orange PD

HAMBSH,CARLYTON

08/13/2022

1185592

Port Orange PD

HAMBSH,CARLYTON,R

RYAN

09/22/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:12

0.000Air Blank 17:12

0.081Control Test 17:12

0.000Air Blank 17:13

# 1 0.222Subject Sample 17:13

1.929Breath Volume 17:13

0.000Air Blank 17:14

0.000Air Blank 17:16

# 2 0.223Subject Sample 17:17

1.902Breath Volume 17:17

0.000Air Blank 17:17

0.081Control Test 17:18

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 10/21/2019 03:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3510/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

01:09

Port Orange PD

SCHNIBBEN,BRIAN

08/13/2022

1185592

Port Orange PD

SCHNIBBEN,BRIAN,K

WOODS

09/22/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:56

# 1 0.137Subject Sample 01:59

2.210Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.139Subject Sample 02:02

1.148Breath Volume 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/21/2019 03:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:36:4310/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:08

10:30

Port Orange PD

HAMBSH,CARLYTON

08/13/2022

1185592

Port Orange PD

HAMBSH,CARLYTON,R

PRINKEY

09/22/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:30

0.000Air Blank 11:31

0.082Control Test 11:31

0.000Air Blank 11:32

# 1 0.000Subject Sample 11:32

2.585Breath Volume 11:32

0.000Air Blank 11:32

0.000Air Blank 11:34

# 2 0.000Subject Sample 11:35

3.011Breath Volume 11:35

0.000Air Blank 11:35

0.082Control Test 11:36

0.000Air Blank 11:36

OKDiagnostics Check 11:36

Data Download Date/Time: 10/21/2019 03:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:52:1010/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:21

16:50

Port Orange PD

HAMBSH,CARLYTON

08/13/2022

1185592

Port Orange PD

HAMBSH,CARLYTON,R

SALOMONE

09/22/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.082Control Test 17:46

0.000Air Blank 17:46

# 1 0.038Subject Sample 17:47

2.304Breath Volume 17:47

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.034Subject Sample 17:50

1.582Breath Volume 17:50

0.000Air Blank 17:51

0.082Control Test 17:51

0.000Air Blank 17:52

OKDiagnostics Check 17:52

Data Download Date/Time: 10/21/2019 03:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0510/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:08

Port Orange PD

BROWN,DYLAN

08/13/2022

1185592

Port Orange PD

SCHNIBBEN,BRIAN,K

MILLER

09/22/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.081Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:05 No Sample Provided

0.000Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 10/21/2019 03:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:1210/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:32

Port Orange PD

WHITE,JUSTIN

08/13/2022

1185592

Port Orange PD

RAINES,CHRISTOPHER,G

VALANZUELA

10/21/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.081Control Test 19:41

0.000Air Blank 19:42

# 1 0.000Subject Sample 19:43

1.281Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:46

# 2 0.000Subject Sample 19:47

1.472Breath Volume 19:47

0.000Air Blank 19:48

0.083Control Test 19:48

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 12/02/2019 03:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:3710/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

21:06

Port Orange PD

WHITE,JUSTIN

08/13/2022

1185592

Port Orange PD

MANDESE,ANGELO,

SHARPTON

10/21/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.081Control Test 22:10

0.000Air Blank 22:11

# 1 0.000Subject Sample 22:12

1.457Breath Volume 22:12

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.000Subject Sample 22:15

1.140Breath Volume 22:15

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 12/02/2019 03:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001245CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:5510/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:02

Port Orange PD

ROGERS,CHRIS

08/13/2022

1185592

Port Orange PD

SCHNIBBEN,BRIAN,K

OGUZHAN

10/21/2019

8100.27

PORT ORANGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

# 1 0.099Subject Sample 02:55

1.292Breath Volume 02:55

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.101Subject Sample 02:58

3.140Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 12/02/2019 03:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:11:3210/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:41

10:22

South Daytona PD

SANDERSON,TAYLOR

07/09/2021

980558

South Daytona PD

LANK,GABRIELLE,A

OSLIZLO

09/12/2019

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:05

0.000Air Blank 12:05

0.081Control Test 12:06

0.000Air Blank 12:06

# 1 0.247Subject Sample 12:07

3.046Breath Volume 12:07

0.000Air Blank 12:07

0.000Air Blank 12:09

# 2 0.241Subject Sample 12:10

3.421Breath Volume 12:10

0.000Air Blank 12:10

0.082Control Test 12:10

0.000Air Blank 12:11

OKDiagnostics Check 12:11

Data Download Date/Time: 10/19/2019 02:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:5110/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:24

South Daytona PD

MCCALLISTER,DAVID

07/09/2021

980558

South Daytona PD

ROMERO,RYAN,D

WHALEN

09/12/2019

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:26

# 1 0.156Subject Sample 23:27

1.656Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.148Subject Sample 23:30

1.339Breath Volume 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 10/19/2019 02:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:1310/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:32

South Daytona PD

ROMERO,RYAN

07/09/2021

980558

South Daytona PD

MCCRACKEN,KEVIN,R

BUCO

10/19/2019

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:07

0.082Control Test 04:08

0.000Air Blank 04:08

# 1 0.130Subject Sample 04:09

2.316Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.134Subject Sample 04:12

1.738Breath Volume 04:12

0.000Air Blank 04:13

0.082Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/21/2019 04:15

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001246CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0310/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:17

South Daytona PD

RAYNOR,JASON

07/09/2021

980558

Daytona Beach PD

ROMERO,RYAN,D

LUONGO

10/19/2019

8100.27

SOUTH DAYTONA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

# 1 0.181Subject Sample 04:02

1.531Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.172Subject Sample 04:06

1.187Breath Volume 04:06

0.000Air Blank 04:07

0.081Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 11/21/2019 04:15

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:1010/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:56

Brevard County SO

CONNORS,BRUCE

10/05/2021

22419080A2

Brevard County SO

ROBIN,GASTON,A

WILLIAMS

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1 0.163Subject Sample 03:44

1.214Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.160Subject Sample 03:47

1.117Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 10/25/2019 04:17

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0510/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:23

Brevard County SO

APPLEGATE,KAITLYN

10/05/2021

22419080A2

Brevard County SO

LANG,MATTHEW,J

HAGAN

10/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

# 1 0.010Subject Sample 03:00

1.933Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.008Subject Sample 03:03

1.710Breath Volume 03:03

0.000Air Blank 03:04

0.079Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 11/24/2019 09:22

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001253CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3010/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

03:03

Brevard County SO

THOMAN,T

10/05/2021

22419080A2

Brevard County SO

SHAOUNI,K,

GONZALEZ

10/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.164Subject Sample 03:28

1.500Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.157Subject Sample 03:31

1.601Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/24/2019 09:22

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5010/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:35

Orange County SO

KUZMA,TIMOTHY

08/05/2020

13518080A5

Orlando PD

SKOWRONSKI,JEFFREY,J

PENDELTON

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

# 1 0.199Subject Sample 01:27

1.109Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.209Subject Sample 01:31

1.183Breath Volume 01:31

0.000Air Blank 01:31

0.078Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:4110/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:52

Orange County SO

AZEVEDO,FABIO

08/05/2020

13518080A5

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

LEE

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

# 1 0.195Subject Sample 02:28

1.921Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.193Subject Sample 02:31

3.750Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3510/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:31

Orange County SO

GISSENDANER,JEFFERY

08/05/2020

13518080A5

Orlando PD

DENSON,TRAVIS,W

KELLEY

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.079Control Test 23:03

0.000Air Blank 23:03

# 1 0.210Subject Sample 23:04

3.019Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.208Subject Sample 23:07

3.070Breath Volume 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:56:2610/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:13

11:23

Orange County SO

ELLER,ASHLEY

08/05/2020

13518080A5

Apopka PD

PADRON,MARCIE,L

LOVERSO

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:50

0.000Air Blank 13:50

0.079Control Test 13:51

0.000Air Blank 13:51

# 1 0.000Subject Sample 13:52

2.046Breath Volume 13:52

0.000Air Blank 13:52

0.000Air Blank 13:54

# 2 0.000Subject Sample 13:55

1.804Breath Volume 13:55

0.000Air Blank 13:55

0.079Control Test 13:55

0.000Air Blank 13:56

OKDiagnostics Check 13:56

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5210/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:26

Orange County SO

RAMIREZ,MATTHEW

08/05/2020

13518080A5

Ocoee PD

SKOWRONSKI,JEFFREY,J

MENDEZLOPEZ

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

# 1 0.259Subject Sample 02:29

1.179Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.270Subject Sample 02:32

1.367Breath Volume 02:32

0.000Air Blank 02:32

0.078Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2110/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:31

Orange County SO

KISSANE,BRIAN

08/05/2020

13518080A5

Orlando PD

SKOWRONSKI,JEFFREY,J

CARTER

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

# 1 0.192Subject Sample 03:47

2.210Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.183Subject Sample 03:50

2.144Breath Volume 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/24/2019 15:00

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:28:2610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:51

Orange County SO

PEREZ,DAVID

08/05/2020

13518080A5

Orlando PD

SKOWRONSKI,JEFFREY,J

SHUMSKY

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:21

0.000Air Blank 05:21

0.079Control Test 05:22

0.000Air Blank 05:22

# 1 0.115Subject Sample 05:23

1.644Breath Volume 05:23

0.000Air Blank 05:24

0.000Air Blank 05:26

# 2 0.118Subject Sample 05:26

2.796Breath Volume 05:26

0.000Air Blank 05:27

0.079Control Test 05:27

0.000Air Blank 05:28

OKDiagnostics Check 05:28

Data Download Date/Time: 10/31/2019 15:46

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:2810/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:54

Orange County SO

PARRISH,KAYLA

08/05/2020

13518080A5

Orlando PD

NERVAIS,TABITHA,J

ORTIZ

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

Air Blank 02:37 RFI Detect

0.000Air Blank 02:37

Data Download Date/Time: 10/31/2019 15:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001257CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4110/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:54

Orange County SO

PRRISH,KAYLA

08/05/2020

13518080A5

Orlando PD

NERVAIS,TABITHA,J

ORTIZ

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:41

0.000Air Blank 02:41

# 1 0.299Subject Sample 02:42

1.835Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.280Subject Sample 02:47

1.605Breath Volume 02:47

0.000Air Blank 02:47

0.078Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/31/2019 15:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:5110/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:25

Orange County SO

AZEVEDO,FABIO

08/05/2020

13518080A5

Orlando PD

DAVIS,COURTNEY,L

]

09/11/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:00

0.000Air Blank 21:00

0.080Control Test 21:01

0.000Air Blank 21:01

# 1 0.245Subject Sample 21:02

1.628Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:04

# 2 0.249Subject Sample 21:05

2.121Breath Volume 21:05

0.000Air Blank 21:05

0.079Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 10/03/2019 17:09

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:0010/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

00:12

Orange County SO

DUCOSDOMINGUEZ,CHRISTIA
N

08/05/2020

13518080A5

Orlando PD

NERVAIS,TABITHA,J

COSBY

09/11/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.255Subject Sample 00:54

1.878Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.252Subject Sample 00:57

1.617Breath Volume 00:57

0.000Air Blank 00:58

0.078Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:59

Data Download Date/Time: 10/03/2019 17:09

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:1310/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:55

Orange County SO

BERTZ,CHRISTOPHER

08/05/2020

13518080A5

Winter Garden PD

DENSON,TRAVIS,W

RESENDIZ CAMACHO

09/11/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.121Subject Sample 01:13

1.730Breath Volume 01:13

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.126Subject Sample 01:16

2.238Breath Volume 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 10/03/2019 17:09

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:5010/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:42

Orange County SO

CARLISLE,RYAN

08/05/2020

13518080A5

Orlando PD

NERVAIS,TABITHA,J

RAMNATH

09/11/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.080Control Test 04:33

0.000Air Blank 04:34

# 1 0.226Subject Sample 04:34

1.531Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2 0.220Subject Sample 04:40

1.429Breath Volume 04:40

0.000Air Blank 04:40

0.079Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 10/03/2019 17:09

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2110/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:23

Orange County SO

KISSANE,BRIAN

08/05/2020

13518080A5

Orlando PD

KOSH,TOBI,J

RODRIGUEZ LANDERO

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.191Subject Sample 02:11

2.285Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.195Subject Sample 02:14

2.132Breath Volume 02:14

0.000Air Blank 02:15

0.079Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 10/24/2019 14:54

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:0510/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:08

Orange County SO

HEBEL,GRIFFIN

08/05/2020

13518080A5

Windermere PD

ROSARIO SANTIAGO,ELDALY,J

JOHNSON

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.048Subject Sample 04:08

1.828Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.046Subject Sample 04:11

1.933Breath Volume 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 10/24/2019 14:54

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0610/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:20

Orange County SO

JUNCO,JONATHAN

08/05/2020

13518080A5

Orlando PD

TIAMSON,DAWN,P

AIME

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.080Control Test 23:02

0.000Air Blank 23:03

# 1 0.084Subject Sample 23:04

1.535Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.084Subject Sample 23:07

1.121Breath Volume 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 10/24/2019 14:54

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001258CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:1410/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:02

Orange County SO

LANE,KEATON

08/05/2020

13518080A5

Winter Garden PD

WILKINS,CONNOR,R

JOHNS

10/03/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.081Control Test 03:15

0.000Air Blank 03:15

# 1 0.196Subject Sample 03:16

2.394Breath Volume 03:16

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.184Subject Sample 03:19

1.945Breath Volume 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 10/31/2019 15:39

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0010/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:12

Cocoa PD

ZUNIGA,C

03/05/2020

02618080A3

Cocoa PD

FRAZIER,JAMES,H

CULLETON

10/08/2019

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:16

# 1 0.233Subject Sample 22:17

3.351Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:19

# 2 0.242Subject Sample 22:20

3.542Breath Volume 22:20

0.000Air Blank 22:21

0.077Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:22

Data Download Date/Time: 11/27/2019 21:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2410/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:44

Cocoa PD

BRADSHAW,C

03/05/2020

02618080A3

Cocoa PD

FRAZIER,JAMES,H

HUNT

10/08/2019

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:27

# 1Subject Sample 01:28 Subject Test Refused

0.000Breath Volume 01:28

0.000Air Blank 01:28

0.078Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/27/2019 21:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001260CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:2910/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:51

Cocoa PD

BRADSHAW,C

03/05/2020

02618080A3

Cocoa PD

FRAZIER,JAMES,H

YOUNG

10/08/2019

8100.27

COCOA P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:37

# 1Subject Sample 23:38 Subject Test Refused

0.000Breath Volume 23:38

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 11/27/2019 21:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:44:3510/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:18

16:05

Rockledge PD

KRAMER,TREVOR

07/30/2022

1175968

Rockledge PD

HOLBROOK,NICHOLAS,B

DOUGLAS

09/28/2019

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:38

0.000Air Blank 16:38

0.080Control Test 16:39

0.000Air Blank 16:39

# 1 0.178Subject Sample 16:40

1.714Breath Volume 16:40

0.000Air Blank 16:40

0.000Air Blank 16:42

# 2 0.187Subject Sample 16:42

2.398Breath Volume 16:42

0.000Air Blank 16:43

0.079Control Test 16:43

0.000Air Blank 16:44

OKDiagnostics Check 16:44

Data Download Date/Time: 10/23/2019 02:56

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:50

Rockledge PD

PENDER,DEREK

07/22/2022

1175968

Rockledge PD

WANCA,WILLIAM,T

GRANATO

09/28/2019

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

# 1Subject Sample 01:31 Subject Test Refused

0.000Breath Volume 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/23/2019 02:56

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001261CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:0310/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:56

Rockledge PD

PENDER,DEREK

07/30/2022

1175968

Rockledge PD

WANCA,WILLIAM,T

MORRISON

09/28/2019

8100.27

ROCKLEDGE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

# 1Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:35

Data Download Date/Time: 10/23/2019 02:56

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:3010/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:13

Melbourne PD

SAMUELS,A

07/25/2021

989917

Palm Bay PD

WHITE,T,

SUMNER

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:09

0.079Control Test 03:09

0.000Air Blank 03:10

# 1 0.162Subject Sample 03:10

2.046Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.166Subject Sample 03:13

2.125Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1310/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:06

Melbourne PD

GOULD,W

07/25/2021

989917

Melbourne PD

WHITE,T,

LITTLE

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.000Subject Sample 03:28

2.699Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.000Subject Sample 03:31

3.597Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:33:2610/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:56

07:56

West Melbourne PD

RUTHERFORD,C

07/25/2021

989917

West Melbourne PD

LEONARD,BRIAN,J

DIAZ

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:27

0.000Air Blank 08:27

0.080Control Test 08:28

0.000Air Blank 08:28

# 1 0.114Subject Sample 08:28

1.230Breath Volume 08:28

0.000Air Blank 08:29

0.000Air Blank 08:31

# 2 0.117Subject Sample 08:31

1.714Breath Volume 08:31

0.000Air Blank 08:32

0.078Control Test 08:32

0.000Air Blank 08:33

OKDiagnostics Check 08:33

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:0710/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:53

Melbourne PD

MELVIN,RICHARD

07/25/2021

989917

Melbourne PD

PHILBIN,SKYLER,J

MARTINEZ

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:28

# 1 0.258Subject Sample 03:28

2.878Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.262Subject Sample 03:31

3.644Breath Volume 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:5710/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

10:30

Melbourne PD

SHEHAN,K

07/25/2021

989917

Brevard County SO

WHITE,T,

PASH

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.081Control Test 23:33

0.000Air Blank 23:33

# 1 0.091Subject Sample 23:34

4.875Breath Volume 23:34

0.000Air Blank 23:35

0.000Air Blank 23:36

# 2 0.093Subject Sample 23:37

4.679Breath Volume 23:37

0.000Air Blank 23:38

0.079Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001262CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:5110/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:47

Melbourne PD

VURRO,M

07/25/2021

989917

West Melbourne PD

DAVIS,ANTHONY,M

WISE

09/30/2019

8100.27

MELBOURNE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.080Control Test 03:18

0.000Air Blank 03:18

# 1 0.106Subject Sample 03:19

2.207Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.103Subject Sample 03:22

2.343Breath Volume 03:22

0.000Air Blank 03:22

0.078Control Test 03:23

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/31/2019 13:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001263CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3910/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:17

Indian Harbour Beach

CARTERJR,SHADRACK

04/05/2021

03519080A4

Indian Harbour Beach

CARTERJR,SHADRACK,

LUPIS

09/13/2019

8100.27

INDIAN HARBOUR PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1 0.217Subject Sample 03:05

2.347Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.212Subject Sample 03:08

1.425Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 10/17/2019 12:22

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:54:4810/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:27

Brevard County SO

LEE,N

10/05/2021

22419080A2

Brevard County SO

JONES,NICHOLAS,W

GUEST

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.081Control Test 04:48

0.000Air Blank 04:48

# 1 0.091Subject Sample 04:49

1.148Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.103Subject Sample 04:53

1.609Breath Volume 04:53

0.000Air Blank 04:53

0.081Control Test 04:54

0.000Air Blank 04:54

OKDiagnostics Check 04:54

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0010/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

22:01

Brevard County SO

LEE,N

10/05/2021

22419080A2

Brevard County SO

BAKER,MARCUS,H

BLITCH

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.081Control Test 23:04

0.000Air Blank 23:04

# 1 0.128Subject Sample 23:05

2.246Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:07

# 2 0.124Subject Sample 23:08

1.972Breath Volume 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:10

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:0210/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

00:56

Brevard County SO

DAUGIRDAS,CHRISTIAN

10/05/2021

22419080A2

Brevard County SO

BAKER,MARCUS,H

MUSGROVE

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:42

0.082Control Test 01:43

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:44

1.242Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.000Subject Sample 01:48

1.707Breath Volume 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:50

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:2710/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

23:47

Brevard County SO

WAGNER,ROBERT

10/05/2021

22419080A2

Brevard County SO

WAGNER,ROBERT,F

HADDADIN

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.081Control Test 00:56

0.000Air Blank 00:56

# 1 0.000Subject Sample 00:57

1.441Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.000Subject Sample 01:01

2.031Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:4210/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:11

Brevard County SO

SHAOUNI,K

10/05/2021

22419080A2

Brevard County SO

SHAOUNI,K,A

CAMPBELL

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.082Control Test 05:21

0.000Air Blank 05:21

# 1 0.066Subject Sample 05:22

1.500Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:24

# 2 0.067Subject Sample 05:26

1.144Breath Volume 05:26

0.000Air Blank 05:26

0.081Control Test 05:27

0.000Air Blank 05:27

OKDiagnostics Check 05:27

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:0810/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:54

Brevard County SO

ESPINOSA,ANGEL

10/05/2021

22419080A2

Brevard County SO

JENKINS,CHRISTINA,E

WALKER

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:06

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

# 1 0.177Subject Sample 21:07

1.257Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.176Subject Sample 21:11

2.359Breath Volume 21:11

0.000Air Blank 21:12

0.078Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:12:2210/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

13:01

Brevard County SO

HARRIS,TIMOTHY

10/05/2021

22419080A2

Brevard County SO

EDWARDS,KIMONE,V

MARTIN

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:58

0.000Air Blank 13:58

0.082Control Test 13:58

0.000Air Blank 13:59

# 1 0.201Subject Sample 14:02 Volume Not Met

0.183Breath Volume 14:02

0.000Air Blank 14:03

0.000Air Blank 14:05

# 2 0.213Subject Sample 14:05

1.269Breath Volume 14:05

0.000Air Blank 14:06

0.000Air Blank 14:08

# 3 0.209Subject Sample 14:10

1.675Breath Volume 14:10

0.000Air Blank 14:11

0.078Control Test 14:11

0.000Air Blank 14:12

OKDiagnostics Check 14:12

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0310/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:35

Brevard County SO

MELIONE,MICHAEL

10/05/2021

22419080A2

Brevard County SO

MANLEY,ROBERT,W

CARMICHAEL

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

# 1 0.233Subject Sample 00:34 Volume Not Met

0.015Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:36

# 2 0.230Subject Sample 00:38

1.324Breath Volume 00:38

0.000Air Blank 00:40

0.000Air Blank 00:41

# 3 0.232Subject Sample 00:44 Volume Not Met

0.402Breath Volume 00:44

Air Blank 00:45 Purge Fail

0.000Air Blank 00:46

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:1610/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:35

Brevard County SO

MELIONE,MICHAEL

10/05/2021

22419080A2

Brevard County SO

MANLEY,ROBERT,W

CARMICHAEL

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.208Subject Sample 00:52 Volume Not Met

0.453Breath Volume 00:52

Air Blank 00:53 Purge Fail

0.000Air Blank 00:54

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2810/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:37

FFWCC (Ocala)

MARROQUIN,RICHARD

10/05/2021

22419080A2

FFWCC (Ocala)

MARROQUIN,RICHARD,J

DAVIS

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.082Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:46 Subject Test Refused

0.000Breath Volume 02:46

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:3510/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:00

FFWCC (Ocala)

WAGNER,ROBERT

10/05/2021

22419080A2

Brevard County SO

MARROQUIN,RICHARD,J

EMMANUELLI LORENZO

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:53

# 1 0.000Subject Sample 02:54

2.445Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.000Subject Sample 02:57

1.925Breath Volume 02:57

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

OKDiagnostics Check 02:58

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5310/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:52

Brevard County SO

DAUGIRDAS,C

10/05/2021

22419080A2

Brevard County SO

JONES,NICHOLAS,W

EMARD

09/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

# 1 0.094Subject Sample 03:39

3.597Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:41

# 2 0.094Subject Sample 03:42

3.207Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/25/2019 02:50

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:3810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:28

Brevard County SO

ITRI,ANGELA

10/05/2021

22419080A2

Brevard County SO

MANLEY,ROBERT,W

LYONS

10/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.082Control Test 05:04

0.000Air Blank 05:04

# 1 0.162Subject Sample 05:05

1.613Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.174Subject Sample 05:08

2.320Breath Volume 05:08

0.000Air Blank 05:08

0.080Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 11/24/2019 09:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001264CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4810/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

03:20

Brevard County SO

WAGNER,ROBERT

10/05/2021

22419080A2

Brevard County SO

WAGNER,ROBERT,F

ROUSSEAU

10/25/2019

8100.27

BREVARD COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1 0.201Subject Sample 04:12

2.523Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.197Subject Sample 04:15

2.167Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/24/2019 09:28

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5710/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:43

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

RAHN

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

# 1 0.176Subject Sample 01:55

2.117Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.176Subject Sample 01:58

2.035Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 10/04/2019 00:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:2410/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:51

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

MCCARTHY

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 22:33 Voltage/Current Test

0.000Air Blank 22:34

Data Download Date/Time: 10/04/2019 00:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:1410/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:51

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

MCCARTHY

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

# 1 0.216Subject Sample 22:38

2.199Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.208Subject Sample 22:41

1.886Breath Volume 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 10/04/2019 00:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:0610/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:36

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

COLLINS

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:45

0.079Control Test 19:46

0.000Air Blank 19:46

# 1 0.229Subject Sample 19:47

2.523Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.221Subject Sample 19:50

2.046Breath Volume 19:50

0.000Air Blank 19:51

0.078Control Test 19:51

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0010/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

01:16

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

MCCORMACK

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

# 1 0.113Subject Sample 01:29

2.386Breath Volume 01:29

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.111Subject Sample 01:32

2.281Breath Volume 01:32

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5610/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:42

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

BARKHOUSE

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:52

0.000Air Blank 00:53

# 1 0.199Subject Sample 00:53

2.414Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.205Subject Sample 00:56

1.300Breath Volume 00:56

0.000Air Blank 00:57

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:1610/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:51

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

KELLY

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

# 1 0.028Subject Sample 22:03

2.023Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.028Subject Sample 22:06

1.417Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

FailDiagnostics Check 22:07 Voltage/Current Test

0.000Air Blank 22:08

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1610/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

02:15

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

BRAGG

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1 0.146Subject Sample 02:27

1.480Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.150Subject Sample 02:30

2.531Breath Volume 02:30

0.000Air Blank 02:31

0.079Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:4210/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:30

Palm Bay PD

MCDONALD,COLE

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

CORRAL

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.079Control Test 02:55

0.000Air Blank 02:55

# 1 0.207Subject Sample 02:57

1.835Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.213Subject Sample 03:00

1.589Breath Volume 03:00

0.000Air Blank 03:00

0.078Control Test 03:01

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2810/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:50

Palm Bay PD

MCDONALD,COLE

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

BURKUS-MATESEVAC

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.078Control Test 01:14

0.000Air Blank 01:14

# 1 0.180Subject Sample 01:15

2.179Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.194Subject Sample 01:17

1.246Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:3210/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

22:08

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

SIMPSON

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

# 1 0.146Subject Sample 22:16

1.917Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.147Subject Sample 22:19

2.085Breath Volume 22:19

0.000Air Blank 22:19

0.079Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:1410/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:47

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

SNYDER

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

# 1 0.109Subject Sample 00:57

1.898Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.107Subject Sample 01:00

1.539Breath Volume 01:00

0.000Air Blank 01:01

0.079Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:4110/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

21:38

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

BROWN

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:50

0.079Control Test 21:50

0.000Air Blank 21:51

# 1 0.077Subject Sample 21:51

1.332Breath Volume 21:51

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.083Subject Sample 21:54

1.945Breath Volume 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:33:4510/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:19

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

DA SILVA

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:27

0.000Air Blank 20:28

0.079Control Test 20:28

0.000Air Blank 20:29

# 1 0.132Subject Sample 20:29

2.621Breath Volume 20:29

0.000Air Blank 20:29

0.000Air Blank 20:31

# 2 0.127Subject Sample 20:32

2.003Breath Volume 20:32

0.000Air Blank 20:32

0.079Control Test 20:33

0.000Air Blank 20:33

OKDiagnostics Check 20:33

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:1210/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:20

Palm Bay PD

LUTZ,EDWIN

08/05/2021

17919080A1

Palm Bay PD

LUTZ,EDWIN,J

TAYLOR

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.079Control Test 21:31

0.000Air Blank 21:31

# 1 0.164Subject Sample 21:32

2.281Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.167Subject Sample 21:35

1.691Breath Volume 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001266CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:0610/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:16

Palm Bay PD

VURRO,MARC

08/05/2021

17919080A1

West Melbourne PD

LUTZ,EDWIN,J

TREEN

09/29/2019

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:48

0.000Air Blank 00:49

# 1 0.156Subject Sample 00:49

2.515Breath Volume 00:49

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.147Subject Sample 00:52

1.781Breath Volume 00:52

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 11/21/2019 14:43

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:5410/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:31

Seminole County SO

MOORE,KIMBERLY

03/07/2021

915310

Seminole County SO

BERRIOS,STEPHANIE,A

MELENDEZ DUPREY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.082Control Test 00:57

0.000Air Blank 00:58

# 1 0.119Subject Sample 00:58

1.859Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:00

# 2 0.115Subject Sample 01:01

2.644Breath Volume 01:01

0.000Air Blank 01:01

0.081Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:4010/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

14:35

Seminole County SO

MATRE,BRENT

03/07/2021

915310

Seminole County SO

MEADOWS,SHAWN,M

HOPKINS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:20

0.000Air Blank 16:20

0.079Control Test 16:20

0.000Air Blank 16:21

# 1 0.000Subject Sample 16:22

1.292Breath Volume 16:22

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.000Subject Sample 16:26

1.925Breath Volume 16:26

0.000Air Blank 16:26

0.080Control Test 16:27

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:0610/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

00:15

Seminole County SO

THORNTON,CAITLIN

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

LAFROSSIA

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:02

# 1 0.136Subject Sample 01:03

1.949Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.132Subject Sample 01:06

1.218Breath Volume 01:06

0.000Air Blank 01:07

0.081Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:5910/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:21

Seminole County SO

COPPOLA,TYSON

03/07/2021

915310

Longwood PD

BETHAM,KEITH,D

EMORY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

# 1 0.095Subject Sample 03:55 Volume Not Met

0.601Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.101Subject Sample 04:01 Slope Not Level

1.378Breath Volume 04:01

0.000Air Blank 04:02

0.080Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:30:1610/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:59

15:09

Lake Mary PD

BELL,C

03/07/2021

915310

Altamonte Springs PD

FERGUSON,RICHARD,A

SZYMANSKI

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:23

0.000Air Blank 16:24

0.080Control Test 16:24

0.000Air Blank 16:24

# 1 0.219Subject Sample 16:25

1.937Breath Volume 16:25

0.000Air Blank 16:26

0.000Air Blank 16:27

# 2 0.229Subject Sample 16:28

2.035Breath Volume 16:28

0.000Air Blank 16:29

0.080Control Test 16:29

0.000Air Blank 16:30

OKDiagnostics Check 16:30

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:1210/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:59

Altamonte Springs PD

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

TORRES,JOSUE,

LOVE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.081Control Test 22:35

0.000Air Blank 22:36

# 1Subject Sample 22:36 Slope Not Met

0.652Breath Volume 22:36

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:2310/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:59

Altamonte Springs PD

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

TORRES,JOSUE,

LOVE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:41

0.081Control Test 22:41

Air Blank 22:41 RFI Detect

0.000Air Blank 22:42

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0810/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:59

Altamonte Springs PD

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

TORRES,JOSUE,

LOVE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.081Control Test 22:44

0.000Air Blank 22:44

# 1 0.242Subject Sample 22:46

2.269Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.223Subject Sample 22:49

1.625Breath Volume 22:49

0.000Air Blank 22:50

0.081Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1710/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:16

Seminole County SO

MASSIP,LEONARDO

03/07/2021

915310

Oviedo PD

HOLLAND,TROY,M

FILLIBEN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.081Control Test 03:08

0.000Air Blank 03:08

# 1 0.108Subject Sample 03:09

1.574Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.107Subject Sample 03:12

1.636Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0110/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:56

Seminole County SO

RERES,AMANDA

03/07/2021

915310

Seminole County SO

HOLLAND,TROY,M

LORENZI

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:30

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

# 1 0.208Subject Sample 04:32

1.523Breath Volume 04:32

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.201Subject Sample 04:35

1.675Breath Volume 04:35

0.000Air Blank 04:36

0.081Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:5510/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:42

06:52

Altamonte Springs PD

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

TORRES,JOSUE,

FLUKER

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:02

0.000Air Blank 08:03

0.081Control Test 08:03

0.000Air Blank 08:04

# 1 0.155Subject Sample 08:05

1.335Breath Volume 08:05

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.155Subject Sample 08:09

1.406Breath Volume 08:09

0.000Air Blank 08:10

0.080Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:3410/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:43

Seminole County SO

MOORE,KIMBERLY

03/07/2021

915310

Seminole County SO

MOORE,KIMBERLY,N

WHITE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

Air Blank 21:39 RFI Detect

0.000Air Blank 21:39

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:47:3010/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:43

Seminole County SO

MOORE,KIMBERLY

03/07/2021

915310

Seminole County SO

MOORE,KIMBERLY,N

WHITE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1 0.310Subject Sample 21:42

2.980Breath Volume 21:42

0.000Air Blank 21:43

0.000Air Blank 21:45

# 2 0.299Subject Sample 21:45

2.648Breath Volume 21:45

0.000Air Blank 21:46

0.081Control Test 21:46

0.000Air Blank 21:47

OKDiagnostics Check 21:47

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:53

Seminole County SO

FORTENBERRY,BRANDON

03/07/2021

915310

Seminole County SO

HOLLAND,TROY,M

EUSEBIO

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:37

# 1 0.013Subject Sample 00:39

1.519Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.012Subject Sample 00:43

1.371Breath Volume 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:48

Seminole County SO

KINKOFF,TIM

03/07/2021

915310

Seminole County SO

HOLLAND,TROY,M

DODDY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

# 1 0.038Subject Sample 01:30

1.343Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2 0.032Subject Sample 01:34

1.152Breath Volume 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:5310/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:37

Casselberry PD

PHILLIPS,RONALD

03/07/2021

915310

Casselberry PD

HOLLAND,TROY,M

HERNANDEZ

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:20

0.000Air Blank 02:20

# 1 0.159Subject Sample 02:21

1.789Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.167Subject Sample 02:24

1.437Breath Volume 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4610/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:33

Seminole County SO

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

GARCIA,RAY,

WILLIAMS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.081Control Test 04:26

0.000Air Blank 04:26

# 1 0.159Subject Sample 04:27

3.042Breath Volume 04:27

0.000Air Blank 04:27

0.000Air Blank 04:29

# 2 0.149Subject Sample 04:30

2.589Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:3310/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:20

Seminole County SO

COWART,JUSTIN

03/07/2021

915310

Seminole County SO

KOUROUMOUSIS,GEORGE,T

SLACK

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:49

# 1 0.147Subject Sample 20:51

1.820Breath Volume 20:51

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.147Subject Sample 20:54

1.144Breath Volume 20:54

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1410/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:00

Seminole County SO

RUSSSO,JOSEPH

03/07/2021

915310

Altamonte Springs PD

GARCIA,RAY,

CHAPMAN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.166Subject Sample 02:54

2.988Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:56

# 2 0.168Subject Sample 02:58

1.722Breath Volume 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:09:4010/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

18:42

Seminole County SO

NORRIS,MARK

03/07/2021

915310

Seminole County SO

KOUROUMOUSIS,GEORGE,T

H630483910600

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:03

0.081Control Test 20:03

0.000Air Blank 20:04

# 1 0.297Subject Sample 20:05

2.367Breath Volume 20:05

0.000Air Blank 20:05

0.000Air Blank 20:07

# 2 0.304Subject Sample 20:07

2.035Breath Volume 20:07

0.000Air Blank 20:08

0.079Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:09

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:4610/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

02:12

Seminole County SO

PHILLIPS,ADAM

03/07/2021

915310

Casselberry PD

GARCIA,RAY,

NADOLSKI

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.080Control Test 04:56

0.000Air Blank 04:56

# 1 0.179Subject Sample 04:57

3.515Breath Volume 04:57

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.171Subject Sample 05:00

3.421Breath Volume 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:0410/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:42

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

RUIZ

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

# 1 0.036Subject Sample 00:45

1.261Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.035Subject Sample 00:48

2.164Breath Volume 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:50

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:3110/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

04:00

Seminole County SO

NUNEZ,JONATHAN

03/07/2021

915310

Sanford PD

GARCIA,RAY,

THOMAS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:33

0.081Control Test 04:34

0.000Air Blank 04:34

# 1 0.105Subject Sample 04:36

1.285Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.101Subject Sample 04:39

1.406Breath Volume 04:39

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4910/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:34

23:01

Seminole County SO

MASSIP,LEONARDO

03/07/2021

915310

Oviedo PD

BETHAM,KEITH,D

NELSON

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:01

# 1 0.000Subject Sample 00:02

2.246Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.000Subject Sample 00:05

2.050Breath Volume 00:05

0.000Air Blank 00:05

0.082Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3010/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:18

Seminole County SO

KOUROUMOUSIS,GEORGE

03/07/2021

915310

Seminole County SO

BERRIOS,STEPHANIE,A

LEVINE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.081Control Test 02:51

0.000Air Blank 02:52

# 1 0.153Subject Sample 02:52

4.347Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.154Subject Sample 02:55

4.386Breath Volume 02:55

0.000Air Blank 02:56

0.081Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:1310/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:03

Seminole County SO

RINCON,RENZO

03/07/2021

915310

Altamonte Springs PD

BETHAM,KEITH,D

CASTRO

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:10

# 1Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.144Subject Sample 04:19 Volume Not Met

0.140Breath Volume 04:19

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 11/02/2019 21:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5610/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

20:52

Seminole County SO

CHAVEZ,CEASER

03/07/2021

915310

Winter Springs PD

BETHAM,KEITH,D

BAILEY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:37

0.000Air Blank 22:37

0.081Control Test 22:38

0.000Air Blank 22:38

# 1 0.186Subject Sample 22:39

3.250Breath Volume 22:39

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.182Subject Sample 22:42

2.269Breath Volume 22:42

0.000Air Blank 22:43

0.081Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:5210/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:42

Seminole County SO

IRIZARRY,CHRISTOPHER

03/07/2021

915310

Sanford PD

BERRIOS,STEPHANIE,A

COLLIER

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.081Control Test 00:24

0.000Air Blank 00:24

# 1Subject Sample 00:27 No Sample Provided

0.000Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:30

0.081Control Test 00:31

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:4510/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:17

Seminole County SO

GOTT,CHRISTOPHER

03/07/2021

915310

Sanford PD

BETHAM,KEITH,D

SANCHACK

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1 0.245Subject Sample 01:04

3.992Breath Volume 01:04

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.248Subject Sample 01:07

3.863Breath Volume 01:07

0.000Air Blank 01:07

0.081Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5310/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:45

Seminole County SO

SPEER,ANDREW

03/07/2021

915310

Maitland PD

BERRIOS,STEPHANIE,A

BYRD

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.134Subject Sample 03:34

3.480Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:36

# 2 0.140Subject Sample 03:37

3.105Breath Volume 03:37

0.000Air Blank 03:37

0.080Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:5410/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:14

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

BOWLES

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.081Control Test 01:38

0.000Air Blank 01:38

# 1 0.145Subject Sample 01:39

1.445Breath Volume 01:39

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.151Subject Sample 01:42

1.261Breath Volume 01:42

0.000Air Blank 01:42

0.080Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:0710/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:56

Seminole County SO

KOUROUMOUSIS,GEORGE

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

SIMMONS JR

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:53

# 1 0.185Subject Sample 02:54

1.308Breath Volume 02:54

0.000Air Blank 02:54

0.000Air Blank 02:56

# 2 0.200Subject Sample 02:57

1.980Breath Volume 02:57

0.000Air Blank 02:58

0.081Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:1610/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:45

Seminole County SO

SMITH,MOLLY

03/07/2021

915310

Seminole County SO

MOORE,KIMBERLY,N

BAKKE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:23

0.000Air Blank 17:23

0.080Control Test 17:24

0.000Air Blank 17:24

# 1 0.255Subject Sample 17:24

2.015Breath Volume 17:24

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.250Subject Sample 17:27

1.691Breath Volume 17:27

0.000Air Blank 17:28

0.082Control Test 17:28

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1810/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

20:24

Seminole County SO

FONSECA,INES

03/07/2021

915310

Oviedo PD

BERRIOS,STEPHANIE,A

BROWN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:34

# 1 0.000Subject Sample 22:35

3.980Breath Volume 22:35

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.000Subject Sample 22:38

2.496Breath Volume 22:38

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:2810/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:16

03:48

Seminole County SO

KINKOPF,TIMOTHY

03/07/2021

915310

Seminole County SO

BERRIOS,STEPHANIE,A

YOUNG

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

# 1 0.148Subject Sample 04:38

1.156Breath Volume 04:38

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.165Subject Sample 04:41

2.808Breath Volume 04:41

0.000Air Blank 04:42

0.080Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:0410/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:45

Seminole County SO

MOORE,KIMBERLY

03/07/2021

915310

Seminole County SO

MOORE,KIMBERLY,N

COLLINS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.081Control Test 18:45

0.000Air Blank 18:46

# 1 0.187Subject Sample 18:46

1.507Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.202Subject Sample 18:49

1.707Breath Volume 18:49

0.000Air Blank 18:50

0.082Control Test 18:50

0.000Air Blank 18:50

OKDiagnostics Check 18:51

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0110/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:55

Seminole County SO

EMERY,ANDREW

03/07/2021

915310

Sanford PD

BERRIOS,STEPHANIE,A

GLOVER

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.081Control Test 03:42

0.000Air Blank 03:42

# 1 0.252Subject Sample 03:43

2.238Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.238Subject Sample 03:46

2.804Breath Volume 03:46

0.000Air Blank 03:47

0.081Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:48

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:1910/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:57

Seminole County SO

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

BERRIOS,STEPHANIE,A

WARREN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:03

0.081Control Test 04:03

0.000Air Blank 04:04

# 1 0.115Subject Sample 04:04

3.578Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.115Subject Sample 04:07

3.980Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0010/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:17

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

EDDINGTON

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:27

0.081Control Test 22:27

0.000Air Blank 22:28

# 1 0.109Subject Sample 22:30

1.968Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.100Subject Sample 22:33

1.582Breath Volume 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:35

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:4810/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:11

FHP Troop D

PAEZ HERNANDEZ,DENYS

03/07/2021

915310

FHP Troop D

PAEZ HERNANDEZ,DENYS,

MINNIX

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:16

0.000Air Blank 19:17

0.081Control Test 19:17

0.000Air Blank 19:17

# 1 0.000Subject Sample 19:18

2.179Breath Volume 19:18

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.000Subject Sample 19:21

2.437Breath Volume 19:21

0.000Air Blank 19:21

0.081Control Test 19:22

0.000Air Blank 19:22

OKDiagnostics Check 19:22

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:0910/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:55

Seminole County SO

HALL,JONATHAN

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

HERRIN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:43

# 1 0.340Subject Sample 23:43

1.343Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.324Subject Sample 23:46

1.613Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:2210/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:20

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

BECK

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.081Control Test 01:18

0.000Air Blank 01:18

# 1 0.174Subject Sample 01:19

1.972Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.173Subject Sample 01:22

1.929Breath Volume 01:22

0.000Air Blank 01:23

0.082Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1310/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:47

Seminole County SO

TORRES,JOSUE

03/07/2021

915310

Altamonte Springs PD

BETHAM,KEITH,D

HUNDLEY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:43

0.000Air Blank 03:44

0.081Control Test 03:44

0.000Air Blank 03:45

# 1 0.240Subject Sample 03:48 Volume Not Met

0.636Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.239Subject Sample 03:51

1.402Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 3 0.227Subject Sample 03:55

3.273Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:3510/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:30

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

CHASSE

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

# 1 0.200Subject Sample 04:27

1.429Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.203Subject Sample 04:31

2.046Breath Volume 04:31

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:5810/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:09

Seminole County SO

CHAVEZ,CESAR

03/07/2021

915310

Winter Springs PD

GARCIA,RAY,

PINO

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.081Control Test 00:01

0.000Air Blank 00:01

# 1 0.223Subject Sample 00:04

1.175Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.217Subject Sample 00:08

1.953Breath Volume 00:08

0.000Air Blank 00:09

0.080Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5110/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:14

Seminole County SO

THORTON,CAITLIN

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

RODRIGUEZ IV

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

# 1 0.138Subject Sample 01:57

2.125Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 01:59

# 2 0.130Subject Sample 02:00

1.171Breath Volume 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:2410/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

23:45

Seminole County SO

JONES,ANDREW

03/07/2021

915310

Winter Springs PD

GARCIA,RAY,

JONES

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:37

0.000Air Blank 02:37

# 1 0.000Subject Sample 02:38

1.539Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.000Subject Sample 02:41

1.789Breath Volume 02:41

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:0410/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:02

Seminole County SO

TOMMASELLO,MELANIE

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

RAMIREZ

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.080Control Test 04:14

0.000Air Blank 04:14

# 1 0.211Subject Sample 04:15

1.281Breath Volume 04:15

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.205Subject Sample 04:18

1.683Breath Volume 04:18

0.000Air Blank 04:19

0.081Control Test 04:19

0.000Air Blank 04:19

OKDiagnostics Check 04:20

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:24

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

COX

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:42

# 1Subject Sample 00:44 Subject Test Refused

0.113Breath Volume 00:44

0.000Air Blank 00:45

0.081Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:46

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4210/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:13

Seminole County SO

MOORE,KIMBERLY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

OLIVENCIA

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

# 1 0.237Subject Sample 01:02

2.480Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.235Subject Sample 01:05

2.398Breath Volume 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5910/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

01:51

Seminole County SO

GOODCHILD,JUSTIN

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

ROJAS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.145Subject Sample 02:56

2.046Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.141Subject Sample 02:59

1.488Breath Volume 02:59

0.000Air Blank 03:00

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1210/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:32

Seminole County SO

MORRIS,ERIC

03/07/2021

915310

Winter Springs PD

GARCIA,RAY,

LOPEZ URENA

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

# 1 0.118Subject Sample 03:30

2.671Breath Volume 03:30

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.122Subject Sample 03:33

2.695Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:2410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:56

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

SIMMONS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 04:00

0.081Control Test 04:00

0.000Air Blank 04:01

# 1 0.191Subject Sample 04:01

1.855Breath Volume 04:01

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.191Subject Sample 04:04

1.480Breath Volume 04:04

0.000Air Blank 04:05

0.079Control Test 04:05

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:0210/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

02:35

Seminole County SO

ANCION,CALIX

03/07/2021

915310

Seminole County SO

ANCION,CALIX,

WEIKART

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:31

0.080Control Test 05:31

0.000Air Blank 05:32

# 1 0.192Subject Sample 05:32

1.316Breath Volume 05:32

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.182Subject Sample 05:35

1.445Breath Volume 05:35

0.000Air Blank 05:36

0.080Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:37

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:3410/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:05

05:30

Seminole County SO

HALL,J

03/07/2021

915310

Seminole County SO

ANCION,CALIX,

SALINAS

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:36

0.000Air Blank 06:36

0.081Control Test 06:37

0.000Air Blank 06:37

# 1 0.101Subject Sample 06:40

1.371Breath Volume 06:40

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.093Subject Sample 06:44

1.382Breath Volume 06:44

0.000Air Blank 06:44

0.079Control Test 06:44

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:3210/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:35

Seminole County SO

CANNADAY,ZACHARY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

HILL

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:31

# 1 0.291Subject Sample 02:31

2.562Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.268Subject Sample 02:34

1.824Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 3 0.288Subject Sample 02:37

2.335Breath Volume 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:5710/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:11

Seminole County SO

DUNN,CHRISTOPHER

03/07/2021

915310

Altamonte Springs PD

GARCIA,RAY,

ALBRYCHT

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:58

0.000Air Blank 03:59

# 1 0.000Subject Sample 04:00

1.238Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.000Subject Sample 04:04

2.042Breath Volume 04:04

0.000Air Blank 04:05

0.081Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:0610/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:49

Seminole County SO

MCDONNELL,BRANDON

03/07/2021

915310

Casselberry PD

GARCIA,RAY,

GREEN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:58

# 1 0.290Subject Sample 20:59

1.285Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:01

# 2 0.316Subject Sample 21:02

2.605Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 3 0.317Subject Sample 21:05

2.671Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:1510/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:25

Seminole County SO

HOLLAND,TROY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

GALVAN

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.025Subject Sample 02:19

3.343Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.024Subject Sample 02:22

2.867Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1410/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:38

Seminole County SO

MOREL,ABIGAIL

03/07/2021

915310

Maitland PD

GARCIA,RAY,

MONTGOMERY

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:21

# 1 0.057Subject Sample 03:21

1.980Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.054Subject Sample 03:24

2.453Breath Volume 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:1110/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:45

Seminole County SO

MEYERS,MARY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

INGRIA

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.081Control Test 00:37

0.000Air Blank 00:38

# 1 0.197Subject Sample 00:38

2.339Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.199Subject Sample 00:41

1.769Breath Volume 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3210/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:43

Seminole County SO

KINKOPF,TIMOTHY

03/07/2021

915310

Seminole County SO

GARCIA,RAY,

RICHARDSON

09/26/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.081Control Test 03:18

0.000Air Blank 03:18

# 1 0.160Subject Sample 03:19

2.332Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.157Subject Sample 03:22

2.039Breath Volume 03:22

0.000Air Blank 03:22

0.081Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001272CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1310/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Seminole County SO

KEE,CHRISTOPHER

03/07/2021

915310

Seminole County SO

BETHAM,KEITH,D

LONG

10/30/2019

8100.27

SEMINOLE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:20

# 1 0.266Subject Sample 01:20

1.703Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.268Subject Sample 01:23

2.277Breath Volume 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/02/2019 21:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.


