
80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:30:2910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:27

MEDLEY PD

DORISMOND,WISNER

02/05/2020

34917080A4

MEDLEY PD

DORISMOND,WISNER,

ALVAREZ SANCHEZ

09/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.076Control Test 05:25

0.000Air Blank 05:25

# 1 0.231Subject Sample 05:26

1.226Breath Volume 05:26

0.000Air Blank 05:26

0.000Air Blank 05:28

# 2 0.240Subject Sample 05:28

2.531Breath Volume 05:28

0.000Air Blank 05:29

0.076Control Test 05:29

0.000Air Blank 05:30

OKDiagnostics Check 05:30

Data Download Date/Time: 10/30/2019 08:06

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:4610/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:20

SWEETWATER PD

HOPWOOD,CHRISTOPHER

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

MELENDEZ DILBERT

10/29/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.077Control Test 03:59

0.000Air Blank 03:59

# 1 0.229Subject Sample 04:00

2.578Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.233Subject Sample 04:03

2.644Breath Volume 04:03

0.000Air Blank 04:03

0.077Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 11/15/2019 12:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:5110/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:23

OTHER LOCAL

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER LOCAL

SIDDO,RAAJU,S

WILLS

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.080Control Test 02:10

0.000Air Blank 02:11

# 1 0.128Subject Sample 02:12

1.695Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.127Subject Sample 02:16

1.667Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:51:0010/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:38

OTHER LOCAL

ZORRILLA,J

02/05/2020

34917080A4

OTHER LOCAL

ZORRILLA,J,

RAMIREZ

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:46

0.000Air Blank 08:46

0.080Control Test 08:46

0.000Air Blank 08:47

# 1Subject Sample 08:49 Subject Test Refused

0.000Breath Volume 08:49

0.000Air Blank 08:50

0.079Control Test 08:50

0.000Air Blank 08:50

OKDiagnostics Check 08:51

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:4110/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:24

20:24

OTHER LOCAL

CUAN,RALPH

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLEE,

PINOARGOTE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.080Control Test 20:47

0.000Air Blank 20:48

# 1Subject Sample 20:48 Subject Test Refused

0.000Breath Volume 20:48

0.000Air Blank 20:48

0.080Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:04:1710/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:35

09:03

MIAMI-DADE PD

RAMIREZ,DANIL

02/05/2020

34917080A4

MIAMI-DADE PD

RAMIREZ,DANIL,

DUMAS

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:55

0.000Air Blank 09:56

0.081Control Test 09:56

0.000Air Blank 09:56

# 1Subject Sample 10:00 No Sample Provided

0.000Breath Volume 10:00

0.000Air Blank 10:00

0.000Air Blank 10:02

# 2Subject Sample 10:02 Subject Test Refused

0.000Breath Volume 10:02

0.000Air Blank 10:03

0.080Control Test 10:03

0.000Air Blank 10:04

OKDiagnostics Check 10:04

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:36:0110/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:06

09:20

MIAMI-DADE PD

RAMIREZ,DANIL

02/05/2020

34917080A4

MIAMI-DADE PD

RAMIREZ,RAMIREZ,

ORTIZ

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:26

0.000Air Blank 10:27

0.080Control Test 10:27

0.000Air Blank 10:27

# 1Subject Sample 10:31 No Sample Provided

0.000Breath Volume 10:31

0.000Air Blank 10:31

0.000Air Blank 10:33

# 2Subject Sample 10:34 Subject Test Refused

0.000Breath Volume 10:34

0.000Air Blank 10:35

0.080Control Test 10:35

0.000Air Blank 10:35

OKDiagnostics Check 10:36

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:4510/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:43

SWEETWATER PD

HERNANDEZ,KEVIN

02/05/2020

34917080A4

OTHER LOCAL

LORENZO,YOSNIEL,

RUSSELL

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1Subject Sample 00:23 No Sample Provided

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.080Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:3010/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:46

SWEETWATER PD

AGUILERA,ANDREW

02/05/2020

34917080A4

OTHER LOCAL

LORENZO,YOSNIEL,

WALKER

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:33

# 1Subject Sample 22:34 Subject Test Refused

0.000Breath Volume 22:34

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5010/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:56

OTHER LOCAL

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER LOCAL

SIDDO,RAAJU,S

WILSON

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

# 1 0.231Subject Sample 00:43

1.820Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:45

# 2 0.225Subject Sample 00:46

4.261Breath Volume 00:46

0.000Air Blank 00:47

0.078Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:5310/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:08

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

ORTIZ VILLAREAL

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:2610/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:10

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

LANZAS

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.171Subject Sample 03:47

1.542Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.170Subject Sample 03:50

1.421Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:1710/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

04:27

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

VILLEDA

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.080Control Test 05:29

0.000Air Blank 05:29

# 1 0.175Subject Sample 05:33

2.238Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.177Subject Sample 05:36

1.261Breath Volume 05:36

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5810/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

01:46

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

CANELA

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.080Control Test 03:35

0.000Air Blank 03:36

# 1 0.066Subject Sample 03:36

2.425Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.058Subject Sample 03:39

2.406Breath Volume 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1410/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:48

MIAMI-DADE PD

VARGAS,D

02/05/2020

34917080A4

MIAMI-DADE PD

VARGAS,D,

RODRIGUEZ

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:15:3410/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

04:55

MIAMI-DADE PD

FRANCO,G

02/05/2020

34917080A4

MIAMI-DADE PD

VARGAS,D,

MELENDEZ

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:07

0.000Air Blank 06:08

0.080Control Test 06:08

0.000Air Blank 06:09

# 1 0.206Subject Sample 06:10

1.898Breath Volume 06:10

0.000Air Blank 06:11

0.000Air Blank 06:12

# 2 0.195Subject Sample 06:13

2.363Breath Volume 06:13

0.000Air Blank 06:14

0.077Control Test 06:14

0.000Air Blank 06:15

OKDiagnostics Check 06:15

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2510/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

00:32

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

LUCDOR

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1 0.188Subject Sample 01:08

2.449Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.188Subject Sample 01:11

2.710Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1310/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:33

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

NICASIO

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:25

0.000Air Blank 04:26

# 1Subject Sample 04:26 Subject Test Refused

0.000Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2510/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:22

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

PENATE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.080Control Test 02:25

0.000Air Blank 02:25

# 1Subject Sample 02:26 Subject Test Refused

0.000Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:1310/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:05

04:29

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

MENDEZ CORREA

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:26

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:27

# 1 0.171Subject Sample 05:28

3.082Breath Volume 05:28

0.000Air Blank 05:29

0.000Air Blank 05:30

# 2 0.164Subject Sample 05:31

2.097Breath Volume 05:31

0.000Air Blank 05:32

0.079Control Test 05:32

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:2310/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:25

SWEETWATER PD

LORENZO,YOSNIEL

02/05/2020

34917080A4

SWEETWATER PD

LORENZO,YOSNIEL,

FEBLES

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.080Control Test 01:02

0.000Air Blank 01:02

# 1 0.089Subject Sample 01:04

1.453Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:06

# 2 0.081Subject Sample 01:09 Volume Not Met

0.304Breath Volume 01:09

0.000Air Blank 01:10

0.000Air Blank 01:12

# 3 0.085Subject Sample 01:13

1.191Breath Volume 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:3110/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:48

OTHER LOCAL

BARDELAS,MAYTE

02/05/2020

34917080A4

OTHER LOCAL

GUILLARTE,CRISTOBAL,R

GUILLARTE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:12

0.000Air Blank 16:12

0.080Control Test 16:13

0.000Air Blank 16:13

# 1 0.159Subject Sample 16:16 Volume Not Met

0.453Breath Volume 16:16

0.000Air Blank 16:17

0.000Air Blank 16:19

# 2 0.219Subject Sample 16:22 Volume Not Met

0.132Breath Volume 16:22

0.000Air Blank 16:23

0.077Control Test 16:23

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:5610/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:48

OTHER LOCAL

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLE,

GUILARTE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:27

0.078Control Test 16:28

0.000Air Blank 16:28

# 1 0.163Subject Sample 16:31 Volume Not Met

0.531Breath Volume 16:31

0.000Air Blank 16:33

0.000Air Blank 16:34

# 2 0.196Subject Sample 16:34

1.367Breath Volume 16:34

0.000Air Blank 16:35

0.000Air Blank 16:37

# 3 0.195Subject Sample 16:40 Volume Not Met

0.945Breath Volume 16:40

Air Blank 16:41 Purge Fail

0.000Air Blank 16:41

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:47:0710/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:48

OTHER LOCAL

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLE,

GUILARTE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:45

0.000Air Blank 16:46

0.072Control Test 16:46 Control Outside Tolerance

0.000Air Blank 16:47

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:1410/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:51

15:48

OTHER LOCAL

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLE,

GUILARTE

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.078Control Test 16:50

0.000Air Blank 16:50

# 1 0.207Subject Sample 16:53 Volume Not Met

0.121Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2Subject Sample 16:58 Subject Test Refused

0.066Breath Volume 16:58

0.000Air Blank 16:59

0.076Control Test 16:59

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:2610/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:12

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

GOMEZ VARGAS

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.079Control Test 06:02

0.000Air Blank 06:02

# 1 0.067Subject Sample 06:03

2.796Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:05

# 2 0.064Subject Sample 06:07

2.246Breath Volume 06:07

0.000Air Blank 06:08

0.079Control Test 06:08

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:0910/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:37

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

RODRIGUEZ

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:18

# 1 0.132Subject Sample 03:19

3.132Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.124Subject Sample 03:23

2.226Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:4010/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

04:02

MIAMI-DADE PD

VARGAS,D

02/05/2020

34917080A4

MIAMI-DADE PD

VARGAS,D,

ROBERTS

09/02/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.080Control Test 04:55

0.000Air Blank 04:55

# 1 0.161Subject Sample 04:56

1.726Breath Volume 04:56

0.000Air Blank 04:56

0.000Air Blank 04:58

# 2 0.157Subject Sample 04:59

1.625Breath Volume 04:59

0.000Air Blank 04:59

0.081Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 10/31/2019 03:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:05:1010/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:38

15:00

Jacksonville SO

PRICE,B

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

WAY

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:59

0.079Control Test 16:59

0.000Air Blank 16:59

# 1 0.166Subject Sample 17:00

1.953Breath Volume 17:00

0.000Air Blank 17:01

0.000Air Blank 17:03

# 2 0.165Subject Sample 17:03

1.175Breath Volume 17:03

0.000Air Blank 17:04

0.079Control Test 17:04

0.000Air Blank 17:05

OKDiagnostics Check 17:05

Data Download Date/Time: 10/29/2019 13:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:1110/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:07

16:28

Jacksonville SO

MOELLER,R

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

PATTERSON

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:29

0.079Control Test 18:30

0.000Air Blank 18:30

# 1Subject Sample 18:30 Subject Test Refused

0.000Breath Volume 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 10/29/2019 13:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5410/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:20

Jacksonville SO

DOUGHFMAN,D

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

LLOYD

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

# 1Subject Sample 22:48 Subject Test Refused

0.000Breath Volume 22:48

0.000Air Blank 22:48

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 10/29/2019 13:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:3610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

22:59

Jacksonville SO

RODRIGUEZ,M

03/05/2021

00919080A3

Jacksonville SO

SUTTON,BRADEN,J

FARAH

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

# 1 0.000Subject Sample 01:02

3.250Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.000Subject Sample 01:05

1.128Breath Volume 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 10/29/2019 13:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:4510/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:53

19:32

Jacksonville SO

EANES,J

03/05/2021

00919080A3

Jacksonville SO

BOSTON,D,D

YOUNG

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:14

# 1Subject Sample 21:15 Subject Test Refused

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 10/29/2019 13:12

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:0410/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

21:30

Jacksonville SO

FILBERT,E

03/05/2021

00919080A3

Jacksonville Beach

BERRY,SHANON,E

MUELLER

10/25/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

# 1 0.154Subject Sample 23:47

1.656Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:50

# 2 0.143Subject Sample 23:50

1.167Breath Volume 23:50

0.000Air Blank 23:51

0.079Control Test 23:51

0.000Air Blank 23:51

OKDiagnostics Check 23:52

Data Download Date/Time: 11/26/2019 14:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0310/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:00

Nassau County SO

KNIGHT,G

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

CARNEY

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.078Control Test 04:10

0.000Air Blank 04:10

# 1 0.089Subject Sample 04:11

2.007Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.079Subject Sample 04:14

1.355Breath Volume 04:14

0.000Air Blank 04:15

0.077Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:0210/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:39

Nassau County SO

GOETHE,RYAN

02/05/2021

32518080A2

Nassau County SO

MORGAN,MATTHEW,M

BLIDE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.078Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:24

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5210/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:35

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

WAYE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.079Control Test 03:54

0.000Air Blank 03:55

03:55 RFI Detect

0.000Air Blank 03:55

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4310/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

02:35

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

WAYE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

# 1Subject Sample 04:00 Subject Test Refused

0.000Breath Volume 04:00

0.000Air Blank 04:00

0.078Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:43:1210/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:04

03:45

Nassau County SO

HALL,J

02/05/2021

32518080A2

Nassau County SO

WOOLARD,R,C

BAYER

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 07:37

0.000Air Blank 07:37

0.079Control Test 07:37

0.000Air Blank 07:38

# 1 0.000Subject Sample 07:38

3.226Breath Volume 07:38

0.000Air Blank 07:39

0.000Air Blank 07:41

# 2 0.000Subject Sample 07:41

2.929Breath Volume 07:41

0.000Air Blank 07:42

0.078Control Test 07:42

0.000Air Blank 07:43

OKDiagnostics Check 07:43

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4110/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:27

Nassau County SO

BALLARD,JAMES

02/05/2021

32518080A2

Nassau County SO

MORGAN,MATTHEW,M

WARD

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

# 1 0.035Subject Sample 03:21

3.253Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.034Subject Sample 03:24

3.351Breath Volume 03:24

0.000Air Blank 03:24

0.078Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0210/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:49

Nassau County SO

DILL,T

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

BENNETT

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.078Control Test 21:46

0.000Air Blank 21:47

# 1 0.182Subject Sample 21:47

1.976Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.167Subject Sample 21:50

2.421Breath Volume 21:50

0.000Air Blank 21:51

0.076Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:52

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2110/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:40

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

PETERS

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1 0.140Subject Sample 00:34

2.593Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.138Subject Sample 00:37

1.933Breath Volume 00:37

0.000Air Blank 00:38

0.077Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2110/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:41

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

PRICE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1Subject Sample 03:41 Subject Test Refused

0.000Breath Volume 03:41

0.000Air Blank 03:42

0.077Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:2110/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:34

Nassau County SO

HUFFMON,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

MACDONALD

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.078Control Test 19:29

0.000Air Blank 19:29

# 1 0.143Subject Sample 19:31

1.816Breath Volume 19:31

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.157Subject Sample 19:34

1.644Breath Volume 19:34

0.000Air Blank 19:35

0.076Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:5310/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:30

Nassau County SO

DELACRUZ,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

VERNON

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:18

0.000Air Blank 23:19

0.078Control Test 23:19

0.000Air Blank 23:20

# 1 0.169Subject Sample 23:20

1.277Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.163Subject Sample 23:24

1.320Breath Volume 23:24

0.000Air Blank 23:24

0.078Control Test 23:25

0.000Air Blank 23:25

OKDiagnostics Check 23:25

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1110/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:25

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

THIGPEN

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.077Control Test 02:18

0.000Air Blank 02:18

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.077Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:45:4810/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:16

17:40

Nassau County SO

JACKSON,R

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

PRINCE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:39

0.000Air Blank 18:40

0.079Control Test 18:40

0.000Air Blank 18:40

# 1 0.055Subject Sample 18:41

1.359Breath Volume 18:41

0.000Air Blank 18:41

0.000Air Blank 18:43

# 2 0.056Subject Sample 18:44

2.109Breath Volume 18:44

0.000Air Blank 18:44

0.078Control Test 18:45

0.000Air Blank 18:45

OKDiagnostics Check 18:45

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:3610/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:27

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

FLICK

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

# 1 0.129Subject Sample 01:19

2.480Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.129Subject Sample 01:22

2.644Breath Volume 01:22

0.000Air Blank 01:22

0.078Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:2010/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:24

Nassau County SO

COPHER,C

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

THOMPSON

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:09

# 1Subject Sample 02:10 Subject Test Refused

0.000Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:12:3510/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:09

Nassau County SO

HUNTER,M

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

MOORE LIGHTFOOT

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:05

0.078Control Test 05:06

0.000Air Blank 05:06

# 1 0.115Subject Sample 05:07

1.453Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.115Subject Sample 05:11

1.425Breath Volume 05:11

0.000Air Blank 05:11

0.078Control Test 05:11

0.000Air Blank 05:12

OKDiagnostics Check 05:12

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:27:4810/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

06:07

Nassau County SO

HILLIARD,NATHAN

02/05/2021

32518080A2

Nassau County SO

WOOLARD,RAYMOND,C

HERNANDEZ GUEVARA

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:18

0.000Air Blank 07:18

0.078Control Test 07:18

0.000Air Blank 07:19

# 1 0.179Subject Sample 07:22 Volume Not Met

0.453Breath Volume 07:22

0.000Air Blank 07:23

0.000Air Blank 07:24

# 2Subject Sample 07:26 Subject Test Refused

0.671Breath Volume 07:26

0.000Air Blank 07:26

0.075Control Test 07:27

0.000Air Blank 07:27

OKDiagnostics Check 07:27

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2010/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:32

Nassau County SO

HUFFMAN,JOSHUA

02/05/2021

32518080A2

Nassau County SO

MORGAN,MATTHEW,M

SUPPLE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:28

1.593Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.000Subject Sample 01:30

1.578Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4110/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:02

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

KOHLER

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.078Control Test 00:11

0.000Air Blank 00:11

# 1 0.160Subject Sample 00:12

1.492Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.174Subject Sample 00:15

2.550Breath Volume 00:15

0.000Air Blank 00:15

0.078Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:14:5710/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:30

04:11

Nassau County SO

ENIS,JAMES

02/05/2021

32518080A2

Nassau County SO

WOOLARD,RAYMOND,C

COUCH

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:08

0.000Air Blank 09:08

0.078Control Test 09:09

0.000Air Blank 09:09

# 1 0.000Subject Sample 09:10

3.492Breath Volume 09:10

0.000Air Blank 09:10

0.000Air Blank 09:12

# 2 0.000Subject Sample 09:13

1.957Breath Volume 09:13

0.000Air Blank 09:14

0.076Control Test 09:14

0.000Air Blank 09:14

OKDiagnostics Check 09:14

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:4910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:09

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

STONE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.078Control Test 23:30

0.000Air Blank 23:30

# 1 0.000Subject Sample 23:31

2.339Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.000Subject Sample 23:34

1.898Breath Volume 23:34

0.000Air Blank 23:34

0.078Control Test 23:35

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2010/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:19

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

STANRIGE

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

# 1 0.000Subject Sample 04:18

2.347Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.000Subject Sample 04:21

2.691Breath Volume 04:21

0.000Air Blank 04:22

0.078Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:21:3310/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

03:45

Nassau County SO

BALLARD,J

02/05/2021

32518080A2

Nassau County SO

WEBB,CATHERINE,D

HARTMANN

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

# 1Subject Sample 05:20 Subject Test Refused

0.000Breath Volume 05:20

0.000Air Blank 05:20

0.078Control Test 05:20

0.000Air Blank 05:21

OKDiagnostics Check 05:21

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:2310/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:33

Nassau County SO

JACKSON,R

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

REICH

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.078Control Test 02:10

0.000Air Blank 02:10

# 1 0.040Subject Sample 02:11

1.550Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.036Subject Sample 02:14

1.531Breath Volume 02:14

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:34:0110/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:05

06:42

Nassau County SO

ROJAS,H

02/05/2021

32518080A2

Nassau County SO

SMITH,E,E

SMITH

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:27

0.000Air Blank 07:27

0.079Control Test 07:28

0.000Air Blank 07:28

# 1 0.224Subject Sample 07:29

1.351Breath Volume 07:29

0.000Air Blank 07:29

0.000Air Blank 07:31

# 2 0.228Subject Sample 07:32

1.308Breath Volume 07:32

0.000Air Blank 07:33

0.076Control Test 07:33

0.000Air Blank 07:33

OKDiagnostics Check 07:34

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:5710/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:03

Nassau County SO

BALLARD,JAMES

02/05/2021

32518080A2

Nassau County SO

MORGAN,MATTHEW,M

WENTZ

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:03

0.078Control Test 02:03

0.000Air Blank 02:04

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:4710/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:45

Nassau County SO

KNIGHT,G

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

FULLWOOD

09/27/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.077Control Test 22:41

0.000Air Blank 22:42

# 1 0.180Subject Sample 22:43

1.488Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:45

# 2 0.174Subject Sample 22:46

2.035Breath Volume 22:46

0.000Air Blank 22:46

0.078Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 10/26/2019 10:21

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:54

Nassau County SO

KNIGHT,G

02/05/2021

32518080A2

Nassau County SO

KUTZ,T,E

SCOTT

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

# 1 0.184Subject Sample 03:54

2.800Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.195Subject Sample 03:56

1.898Breath Volume 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 11/27/2019 11:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:40:1510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:58

20:33

Nassau County SO

KNIGHT,G

02/05/2021

32518080A2

Nassau County SO

HIRES,J,L

TALBIRD

10/26/2019

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.079Control Test 21:38

0.000Air Blank 21:38

# 1Subject Sample 21:38 Subject Test Refused

0.000Breath Volume 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:40

OKDiagnostics Check 21:40

Data Download Date/Time: 11/27/2019 11:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001283CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:56:5010/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

14:40

High Springs PD

NODARSE,M

08/05/2020

17618080A3

High Springs PD

SHENK,DUSTYN,C

THORNTON

09/23/2019

8100.27

HIGH SPRINGS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:50

0.000Air Blank 15:51

0.079Control Test 15:51

0.000Air Blank 15:51

# 1 0.181Subject Sample 15:52

4.867Breath Volume 15:52

0.000Air Blank 15:52

0.000Air Blank 15:54

# 2 0.180Subject Sample 15:55

4.410Breath Volume 15:55

0.000Air Blank 15:55

0.078Control Test 15:56

0.000Air Blank 15:56

OKDiagnostics Check 15:56

Data Download Date/Time: 10/28/2019 01:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1910/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

10:16

FHP Troop B

DRYDEN,JOHN

11/15/2021

1048227

FHP Troop B

DRYDEN,JOHN,E

BLUNT

09/27/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.079Control Test 02:40

0.000Air Blank 02:41

# 1 0.196Subject Sample 02:41

4.167Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.197Subject Sample 02:44

4.039Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 10/28/2019 23:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0510/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:30

FHP Troop B

ADKINS,JAKE

11/15/2021

1048227

FHP Troop B

ADKINS,JAKE,M

WHITAKER

09/27/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

# 1 0.248Subject Sample 21:10

2.339Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.248Subject Sample 21:13

2.484Breath Volume 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 10/28/2019 23:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0310/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:11

FHP Troop B

SKELLY,KYLE

11/15/2021

1048227

FHP Troop B

SKELLY,KYLE,E

PACE

09/27/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:57

0.000Air Blank 02:58

# 1 0.115Subject Sample 02:59

3.695Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.110Subject Sample 03:02

2.992Breath Volume 03:02

0.000Air Blank 03:03

0.076Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:04

Data Download Date/Time: 10/28/2019 23:13

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:3310/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:22

FHP Troop G

ONORATO,BRIANNA

10/05/2020

24818080A3

FHP Troop G

ONORATO,BRIANNA,J

RAWSON

09/22/2019

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

# 1Subject Sample 05:08 Subject Test Refused

0.000Breath Volume 05:08

0.000Air Blank 05:08

0.081Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 10/27/2019 11:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:28

23:47

FHP Troop G

ONORATO,BRIANNA

10/05/2020

24818080A3

FHP Troop G

ONORATO,BRIANNA,J

CAUDILL

09/22/2019

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

# 1 0.098Subject Sample 00:31

2.683Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.098Subject Sample 00:34

2.644Breath Volume 00:34

0.000Air Blank 00:34

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/27/2019 11:14

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:47:1710/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:18

FHP Troop G

NAEYAERT,J

10/05/2020

24818080A3

FHP Troop G

NAEYAERT,JEFF,H

RAULERSON

10/27/2019

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:35

0.000Air Blank 11:36

0.079Control Test 11:36

0.000Air Blank 11:37

# 1 0.358Subject Sample 11:40 Volume Not Met

0.328Breath Volume 11:40

0.000Air Blank 11:41

0.000Air Blank 11:42

# 2Subject Sample 11:45 No Sample Provided

0.000Breath Volume 11:45

0.000Air Blank 11:46

0.077Control Test 11:46

0.000Air Blank 11:47

OKDiagnostics Check 11:47

Data Download Date/Time: 11/30/2019 22:22

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:0710/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:54

16:54

Bradford County SO

BANACH,DONNA

06/16/2020

AG816701

Starke PD

SHILLER,JOSEPH,C

OWENSBY

09/04/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:14

0.000Air Blank 17:15

0.078Control Test 17:15

0.000Air Blank 17:16

# 1 0.183Subject Sample 17:19 Volume Not Met

0.019Breath Volume 17:19

0.000Air Blank 17:20

0.000Air Blank 17:21

# 2 0.260Subject Sample 17:22

2.082Breath Volume 17:22

0.000Air Blank 17:23

0.000Air Blank 17:25

# 3 0.252Subject Sample 17:26

2.214Breath Volume 17:26

0.000Air Blank 17:27

0.073Control Test 17:27 Control Outside Tolerance

0.000Air Blank 17:28

Data Download Date/Time: 10/26/2019 18:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:0510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:07

Bradford County SO

ROONEY,MICHAEL

06/16/2020

AG816701

Starke PD

HULLENDER,ROBERT,S

JORDAN

09/04/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:33

Data Download Date/Time: 10/26/2019 18:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:2910/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:06

FHP Troop B

GANUS,GLEN

02/26/2020

AG805701

FHP Troop B

GANUS,GLEN,A

CLIMACO

09/01/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:07

# 1Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:08

0.078Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 10/11/2019 11:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:52:4710/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:05

FHP Troop B

MASH,EARL

02/26/2020

AG805701

FHP Troop B

MASH,EARL,C

BUTLER

09/01/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:44

0.079Control Test 16:44

0.000Air Blank 16:45

# 1 0.000Subject Sample 16:47

2.503Breath Volume 16:47

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2 0.000Subject Sample 16:51

3.015Breath Volume 16:51

0.000Air Blank 16:51

0.077Control Test 16:52

0.000Air Blank 16:52

OKDiagnostics Check 16:52

Data Download Date/Time: 10/11/2019 11:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:5710/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:16

16:12

Levy County SO

KILIAN,SHELBY

02/26/2020

AG805701

Levy County SO

DAVIS,MATTHEW,R

CRAMER

09/01/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:37

0.000Air Blank 16:38

0.079Control Test 16:38

0.000Air Blank 16:38

# 1Subject Sample 16:40 Subject Test Refused

0.402Breath Volume 16:40

0.000Air Blank 16:41

0.078Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 10/11/2019 11:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:01:4610/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:25

FHP Troop B

MASH,EARL

02/26/2020

AG805701

FHP Troop B

MASH,EARL,C

HOLMES

09/01/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:58

0.000Air Blank 16:59

0.079Control Test 16:59

0.000Air Blank 17:00

# 1Subject Sample 17:00 Subject Test Refused

0.000Breath Volume 17:00

0.000Air Blank 17:00

0.079Control Test 17:01

0.000Air Blank 17:01

OKDiagnostics Check 17:01

Data Download Date/Time: 10/11/2019 11:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:42:4710/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:15

08:30

Williston PD

WRIGHT,MARQUIS

02/26/2020

AG805701

Williston PD

JOHNSON,DAVID,E

COOKE

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:36

0.000Air Blank 11:37

0.079Control Test 11:37

0.000Air Blank 11:37

# 1 0.000Subject Sample 11:38

4.171Breath Volume 11:38

0.000Air Blank 11:38

0.000Air Blank 11:40

# 2 0.000Subject Sample 11:41

4.726Breath Volume 11:41

0.000Air Blank 11:41

0.078Control Test 11:42

0.000Air Blank 11:42

OKDiagnostics Check 11:42

Data Download Date/Time: 11/25/2019 06:56

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:4710/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:15

FHP Troop B

GAFFEY,TUCKER

02/26/2020

AG805701

Levy County SO

THOMAS,MICHAEL,T

SIMS

10/26/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.079Control Test 21:22

0.000Air Blank 21:22

# 1 0.124Subject Sample 21:23

3.316Breath Volume 21:23

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.126Subject Sample 21:26

1.863Breath Volume 21:26

0.000Air Blank 21:26

0.078Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 11/25/2019 06:56

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:23

Santa Rosa County SO

GOLEMAN,AARON

05/11/2022

190702

Santa Rosa County SO

MUNDT,DAVID,L

BARROW

09/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.080Control Test 02:27

0.000Air Blank 02:28

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:29

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 10/24/2019 21:16

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0510/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:15

FHP Troop A

LYNCH,CHAD

05/11/2022

1141545

FHP Troop A

LYNCH,CHAD,J

PANKEY

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.081Control Test 04:11

0.000Air Blank 04:12

# 1 0.000Subject Sample 04:12

4.089Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:15

# 2 0.000Subject Sample 04:15

4.078Breath Volume 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 11/26/2019 20:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:3810/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:02

Santa Rosa County SO

WEAVER,COREY

05/11/2022

1141545

Santa Rosa County SO

WEAVER,COREY,R

PARKS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.080Control Test 01:04

0.000Air Blank 01:04

# 1Subject Sample 01:07 No Sample Provided

0.000Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2Subject Sample 01:13 No Sample Provided

0.000Breath Volume 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 11/26/2019 20:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:2310/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:01

FHP Troop A

BOGGAN,MARLON

05/11/2022

1141545

FHP Troop A

BOGGAN,MARLON,M

JONES

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.080Control Test 02:14

0.000Air Blank 02:14

# 1Subject Sample 02:16 RFI Detect

0.000Breath Volume 02:16

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 11/26/2019 20:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:1510/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:01

FHP Troop A

BOGGAN,MARLON

05/11/2022

1141545

FHP Troop A

BOGGAN,MARLON,M

JONES

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:23 No Sample Provided

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2Subject Sample 02:28 No Sample Provided

0.000Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 11/26/2019 20:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:5910/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:32

Santa Rosa County SO

SPENCER,RAYMOND

05/11/2022

1141545

Santa Rosa County SO

SPENCER,RAYMOND,L

ARD

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:33

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/26/2019 20:47

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:2510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:09

Santa Rosa County SO

MERRILL,CHRISTOPHER

05/11/2022

1141545

Santa Rosa County SO

MERRILL,CHRISTOPHER,M

VENINGA

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:07

0.000Air Blank 20:08

0.080Control Test 20:08

0.000Air Blank 20:09

# 1 0.307Subject Sample 20:09 No .020 agreement

3.179Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.253Subject Sample 20:12 No .020 agreement

1.289Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 3 0.285Subject Sample 20:15 No .020 agreement

3.011Breath Volume 20:15

0.000Air Blank 20:16

0.079Control Test 20:16

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 11/26/2019 20:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:0510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

19:09

Santa Rosa County SO

MERRILL,CHRISTOPHER

05/11/2022

190702

Santa Rosa County SO

MERRILL,CHRISTOPHER,M

VENINGA

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:23

0.079Control Test 20:24

0.000Air Blank 20:24

# 1 0.304Subject Sample 20:25

3.480Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:27

# 2 0.290Subject Sample 20:28

3.542Breath Volume 20:28

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 11/26/2019 20:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:0110/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:22

Santa Rosa County SO

BOYD,J

05/11/2022

1141545

Santa Rosa County SO

BOYD,J,J

WOODS

10/24/2019

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.154Subject Sample 02:27

2.386Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.153Subject Sample 02:30

2.789Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:32

Data Download Date/Time: 11/26/2019 20:48

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:4010/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:55

17:34

Bay County SO

WITHROW,TRACY

06/16/2020

AG816701

Bay County SO

WITHROW,TRACY,L

OSORIO MEZA

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:16

0.081Control Test 18:16

0.000Air Blank 18:17

# 1 0.298Subject Sample 18:17

1.949Breath Volume 18:17

0.000Air Blank 18:18

0.000Air Blank 18:20

# 2Subject Sample 18:20 Subject Test Refused

0.000Breath Volume 18:20

0.000Air Blank 18:20

0.079Control Test 18:21

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:3910/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:20

17:34

Bay County SO

WITHROW,TRACY

06/16/2020

AG816701

Bay County SO

WITHROW,TRACY,L

OSORIO MEZA

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.079Control Test 18:40

0.000Air Blank 18:41

# 1 0.308Subject Sample 18:42

2.917Breath Volume 18:42

0.000Air Blank 18:42

0.000Air Blank 18:44

# 2 0.293Subject Sample 18:45

3.300Breath Volume 18:45

0.000Air Blank 18:45

0.079Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:4710/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:18

FHP Troop A

GENTRY,JONATHAN

06/16/2020

AG816701

FHP Troop A

GENTRY,JONATHAN,P

NEEDHAM

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.079Control Test 20:44

0.000Air Blank 20:44

# 1Subject Sample 20:47 No Sample Provided

0.000Breath Volume 20:47

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2Subject Sample 20:51 Subject Test Refused

0.000Breath Volume 20:51

0.000Air Blank 20:51

0.080Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3310/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:48

Bay County SO

POTTER,MONTREZ

06/16/2020

AG816701

Bay County SO

POTTER,MONTREZ,R

CLAUNCH

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.082Control Test 23:38

0.000Air Blank 23:38

# 1 0.000Subject Sample 23:39

3.503Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.000Subject Sample 23:42

2.167Breath Volume 23:42

0.000Air Blank 23:42

0.081Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:0610/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:50

Bay County SO

PALO,THERESA

06/16/2020

AG816701

Bay County SO

WITHROW,TRACY,L

EISNER

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:40

0.000Air Blank 23:41

0.081Control Test 23:41

0.000Air Blank 23:41

# 1 0.241Subject Sample 23:42

1.878Breath Volume 23:42

0.000Air Blank 23:43

0.000Air Blank 23:44

# 2 0.244Subject Sample 23:45

2.332Breath Volume 23:45

0.000Air Blank 23:46

0.079Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:2310/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

01:49

Panama City Beach PD

PELFREY,PAUL

06/16/2020

AG816701

Panama City Beach PD

PELFREY,PAUL,D

LIMA CHOC

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

# 1 0.178Subject Sample 03:18

1.121Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.141Subject Sample 03:23 Volume Not Met

0.707Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 3 0.183Subject Sample 03:28

1.980Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:00:1210/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:33

12:23

Bay County SO

MCNEIL,R

06/16/2020

AG816701

Panama City PD

BROSIUS,STANLEY,W

SANDERS

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:53

0.000Air Blank 14:54

0.081Control Test 14:54

0.000Air Blank 14:55

# 1 0.000Subject Sample 14:55

4.324Breath Volume 14:55

0.000Air Blank 14:56

0.000Air Blank 14:58

# 2 0.000Subject Sample 14:58

4.300Breath Volume 14:58

0.000Air Blank 14:59

0.079Control Test 14:59

0.000Air Blank 15:00

OKDiagnostics Check 15:00

Data Download Date/Time: 10/29/2019 11:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:1010/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:50

Bay County SO

ROWLAND,R

06/16/2020

AG816701

OTHER Local

ROSS,CHRISTY,L

LATTA

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.080Control Test 04:31

0.000Air Blank 04:32

# 1 0.180Subject Sample 04:33

1.871Breath Volume 04:33

0.000Air Blank 04:34

0.000Air Blank 04:36

# 2 0.179Subject Sample 04:36

3.222Breath Volume 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 10/29/2019 11:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:5210/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:11

Panama City PD

SOUTH,DAMIAN

06/16/2020

AG816701

Panama City PD

SOUTH,DAMIAN,W

GOMEZ SANCHEZ

09/30/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.080Control Test 05:51

0.000Air Blank 05:51

# 1 0.210Subject Sample 05:52

2.328Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:54

# 2 0.199Subject Sample 05:55

1.539Breath Volume 05:55

0.000Air Blank 05:55

0.080Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 10/29/2019 11:31

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0110/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

22:03

19:00

Walton County SO

HINSON,M

07/09/2021

980558

Walton County SO

ROSE,ALEXIS,M

MEADOR

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:35

# 1 0.000Subject Sample 22:36

3.980Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.000Subject Sample 22:39

3.132Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:41

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3710/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:12

Walton County SO

SALAS,LUIS

07/09/2021

980558

Walton County SO

SALAS,LUIS,E

ALFORD

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.080Control Test 02:50

0.000Air Blank 02:51

# 1 0.155Subject Sample 02:51

4.554Breath Volume 02:51

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.160Subject Sample 02:54

4.761Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:2410/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

COURT ORD

15:15

15:15

Walton County SO

BENNETT,DAVID

07/09/2021

980558

Walton County SO

BENNETT,DAVID,J

MILLER

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:48

0.000Air Blank 15:48

0.079Control Test 15:49

0.000Air Blank 15:49

# 1 0.000Subject Sample 15:50

3.070Breath Volume 15:50

0.000Air Blank 15:50

0.000Air Blank 15:52

# 2 0.000Subject Sample 15:53

1.980Breath Volume 15:53

0.000Air Blank 15:53

0.080Control Test 15:53

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:0110/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:47

03:35

Walton County SO

CAREY,ANDREW

07/09/2021

980558

Walton County SO

CAREY,ANDREW,S

GASAWAY

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:16

# 1Subject Sample 05:20 No Sample Provided

0.000Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2Subject Sample 05:25 No Sample Provided

0.000Breath Volume 05:25

0.000Air Blank 05:26

0.080Control Test 05:26

0.000Air Blank 05:26

OKDiagnostics Check 05:27

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5510/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:30

DeFuniak Springs PD

BOBLITT,R

07/09/2021

980558

DeFuniak Springs PD

SPANN,B,W

MCHENRY

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:08

# 1 0.103Subject Sample 00:09

2.511Breath Volume 00:09

0.000Air Blank 00:10

0.000Air Blank 00:11

# 2 0.098Subject Sample 00:12

3.101Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:4710/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:32

19:29

Walton County SO

CAREY,ANDREW

07/09/2021

980558

Walton County SO

CAREY,ANDREW,S

HELLINGS

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:05

0.078Control Test 21:06

0.000Air Blank 21:06

# 1Subject Sample 21:09 No Sample Provided

0.000Breath Volume 21:09

0.000Air Blank 21:10

0.000Air Blank 21:12

# 2Subject Sample 21:15 No Sample Provided

0.000Breath Volume 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 11/13/2019 23:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:56:2510/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:51

Walton County SO

CAREY,ANDREW

07/25/2021

989917

Walton County SO

CAREY,ANDREW,S

WILSON

09/26/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.081Control Test 00:50

0.000Air Blank 00:50

# 1 0.214Subject Sample 00:51

2.398Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.213Subject Sample 00:54

1.910Breath Volume 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

OKDiagnostics Check 00:56

Data Download Date/Time: 10/08/2019 00:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:3010/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:49

01:20

Walton County SO

MCGRAW,JESSICA

07/25/2021

989917

Walton County SO

SCHULTZ,JEREMY,J

GROUND

09/26/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:10

0.079Control Test 02:10

0.000Air Blank 02:11

# 1 0.090Subject Sample 02:12

1.722Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.083Subject Sample 02:14

1.691Breath Volume 02:14

0.000Air Blank 02:15

0.080Control Test 02:15

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 10/08/2019 00:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:2710/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:27

Walton County SO

WOODS,FRANCIS

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

DEMPSEY

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.078Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:23 RFI Detect

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.080Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 11/13/2019 23:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0410/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:27

Walton County SO

WOODS,FRANCIS

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

DEMPSEY

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

# 1Subject Sample 22:50 No Sample Provided

0.000Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.237Subject Sample 22:53

3.160Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 3 0.220Subject Sample 22:57

1.996Breath Volume 22:57

0.000Air Blank 22:58

0.077Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 11/13/2019 23:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:5910/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:46

Walton County SO

VENTRY,WILLIS

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

GARCIA PEREZ

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:39

# 1Subject Sample 22:43 No Sample Provided

0.000Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2Subject Sample 22:48 No Sample Provided

0.000Breath Volume 22:48

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 11/13/2019 23:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:1810/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:36

Walton County SO

HECHINGER,MEGAN

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

CALCUTT

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

# 1 0.168Subject Sample 02:28

1.570Breath Volume 02:28

0.000Air Blank 02:29

0.000Air Blank 02:30

# 2 0.166Subject Sample 02:31

3.187Breath Volume 02:31

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 11/13/2019 23:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:50:5910/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

15:10

00:00

Walton County SO

N/A,N/A

03/05/2021

181692

Walton County SO

PARK,STEVEN',T

BULLARD

10/07/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:44

0.000Air Blank 15:45

0.080Control Test 15:45

0.000Air Blank 15:46

# 1 0.000Subject Sample 15:46

1.382Breath Volume 15:46

0.000Air Blank 15:46

0.000Air Blank 15:48

# 2 0.000Subject Sample 15:49

2.902Breath Volume 15:49

0.000Air Blank 15:50

0.081Control Test 15:50

0.000Air Blank 15:50

OKDiagnostics Check 15:50

Data Download Date/Time: 11/13/2019 23:23

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2410/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:50

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

GATLIN

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1 0.232Subject Sample 02:22

3.289Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.229Subject Sample 02:25

3.585Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:0010/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:08

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

NEBERGALL

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.080Control Test 21:55

0.000Air Blank 21:56

# 1Subject Sample 21:56 Subject Test Refused

0.000Breath Volume 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:58

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:1310/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:56

Okeechobee County SO

VULETA,B

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

HAND

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.080Control Test 21:41

0.000Air Blank 21:42

# 1Subject Sample 21:42 Subject Test Refused

0.000Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1910/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:37

Okeechobee County SO

VULETA,B

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

HERNANDEZ

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1Subject Sample 01:23 Subject Test Refused

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:4910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

00:45

Okeechobee County SO

POLLOCK,S

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

PARNELL

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

# 1 0.149Subject Sample 01:26

2.960Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.150Subject Sample 01:29

2.230Breath Volume 01:29

0.000Air Blank 01:29

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:0410/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:48

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

SHAW

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

# 1Subject Sample 20:29 Subject Test Refused

0.000Breath Volume 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:30

OKDiagnostics Check 20:31

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:0710/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:04

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

ARRIETA

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1 0.154Subject Sample 01:55

2.578Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.151Subject Sample 01:58

1.835Breath Volume 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:36:0810/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:52

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

MERZ

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

# 1 0.120Subject Sample 21:31

1.437Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2 0.118Subject Sample 21:34

1.660Breath Volume 21:34

0.000Air Blank 21:35

0.080Control Test 21:35

Air Blank 21:35 RFI Detect

0.000Air Blank 21:36

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:2010/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

18:56

Okeechobee County SO

LACERTE,JOEL

01/15/2022

1076482

Okeechobee County SO

ROGERS,DAVID,E

VAN DYKE

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

# 1 0.094Subject Sample 19:53

2.218Breath Volume 19:53

0.000Air Blank 19:54

0.000Air Blank 19:55

# 2 0.098Subject Sample 19:56

2.410Breath Volume 19:56

0.000Air Blank 19:57

0.080Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:0810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:29

Okeechobee County SO

VULETA,B

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

WALDRON

10/02/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:13

0.000Air Blank 06:13

0.080Control Test 06:13

0.000Air Blank 06:14

# 1Subject Sample 06:14 Subject Test Refused

0.000Breath Volume 06:14

0.000Air Blank 06:15

0.081Control Test 06:15

0.000Air Blank 06:16

OKDiagnostics Check 06:16

Data Download Date/Time: 11/06/2019 09:44

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:18:3810/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:50

12:29

Port St. Lucie PD

HARRIS,IAN

04/05/2021

03519080A4

Port St. Lucie PD

HARRIS,IAN,

ESPOSITO

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:12

0.000Air Blank 13:12

0.079Control Test 13:13

0.000Air Blank 13:13

# 1 0.095Subject Sample 13:14

1.972Breath Volume 13:14

0.000Air Blank 13:14

0.000Air Blank 13:16

# 2 0.096Subject Sample 13:17

1.570Breath Volume 13:17

0.000Air Blank 13:17

0.078Control Test 13:18

0.000Air Blank 13:18

OKDiagnostics Check 13:18

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5310/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:59

Port St. Lucie PD

GASPAR,BENJAMIN

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

ROSA

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.174Subject Sample 03:43

1.945Breath Volume 03:43

0.000Air Blank 03:44

Air Blank 03:46 Ambient Fail

0.000Air Blank 03:46

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:5810/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:59

Port St. Lucie PD

GASPAR,BENJAMIN

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

ROSA

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.078Control Test 03:49

0.000Air Blank 03:50

# 1 0.167Subject Sample 03:50

2.726Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.160Subject Sample 03:54

1.339Breath Volume 03:54

0.000Air Blank 03:55

0.070Control Test 03:55 Control Outside Tolerance

0.000Air Blank 03:55

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:3210/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:59

Port St. Lucie PD

GASPAR,BENJAMIN

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

ROSA

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.076Control Test 04:01

0.000Air Blank 04:01

# 1 0.161Subject Sample 04:02

1.777Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.136Subject Sample 04:05

1.726Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 3Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.075Control Test 04:09

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:41:0810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

20:11

Port St. Lucie PD

GASPAR,BENJAMIN

04/05/2021

03519080A4

Port St. Lucie PD

KIRKUS,JOSHUA,B

CINTRON

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.077Control Test 20:34

0.000Air Blank 20:34

# 1 0.217Subject Sample 20:36

1.804Breath Volume 20:36

0.000Air Blank 20:36

0.000Air Blank 20:38

# 2 0.228Subject Sample 20:39

1.609Breath Volume 20:39

0.000Air Blank 20:40

0.077Control Test 20:40

0.000Air Blank 20:41

OKDiagnostics Check 20:41

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:11:2110/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:39

15:39

Port St. Lucie PD

BYRNE,J

04/05/2021

03519080A4

Port St. Lucie PD

BYRNE,J,A

MORTON

09/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:05

0.000Air Blank 16:05

0.079Control Test 16:06

0.000Air Blank 16:06

# 1 0.151Subject Sample 16:06

2.933Breath Volume 16:06

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.149Subject Sample 16:09

2.750Breath Volume 16:09

0.000Air Blank 16:10

0.078Control Test 16:10

0.000Air Blank 16:11

OKDiagnostics Check 16:11

Data Download Date/Time: 10/26/2019 18:36

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:3610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:12

Port St. Lucie PD

HOLLY,BRITTANY

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

NEWELL

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.078Control Test 22:09

0.000Air Blank 22:09

# 1 0.227Subject Sample 22:11

2.703Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.232Subject Sample 22:15

2.320Breath Volume 22:15

0.000Air Blank 22:15

0.075Control Test 22:16

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 11/23/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2110/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:42

23:31

Port St. Lucie PD

MCINERNEY,JESSE

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

FIGUEROA

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.079Control Test 00:17

0.000Air Blank 00:18

# 1Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 11/23/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5510/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:20

Port St. Lucie PD

KUKUVKA,JOSEPH

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

VANDERBURGJR.

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.241Subject Sample 01:15

3.261Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.257Subject Sample 01:18

3.019Breath Volume 01:18

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 11/23/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0510/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:20

Port St. Lucie PD

KUKUVKA,JOSEPH

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

VANDERBURGJR.

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.079Control Test 01:32

0.000Air Blank 01:33

# 1 0.246Subject Sample 01:33

3.019Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.243Subject Sample 01:36

3.035Breath Volume 01:36

0.000Air Blank 01:37

0.074Control Test 01:37 Control Outside Tolerance

0.000Air Blank 01:38

Data Download Date/Time: 11/23/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:0210/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:20

Port St. Lucie PD

KUKUVKA,JOSEPH

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

VANDERBURGJR.

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

# 1 0.241Subject Sample 01:42

2.933Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.232Subject Sample 01:45

3.222Breath Volume 01:45

0.000Air Blank 01:46

0.077Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:47

Data Download Date/Time: 11/23/2019 12:02

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:52:0410/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

04:13

Port St. Lucie PD

LEEFLANG,DANIEL

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

RODRIGUEZ

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.079Control Test 04:41

0.000Air Blank 04:41

# 1Subject Sample 04:45 No Sample Provided

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2Subject Sample 04:50 No Sample Provided

0.000Breath Volume 04:50

0.000Air Blank 04:51

0.079Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:52

Data Download Date/Time: 11/23/2019 12:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:2610/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:13

Port St. Lucie PD

LEEFLANG,DANIEL

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

RODRIGUEZ

10/26/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:07

0.000Air Blank 05:07

0.079Control Test 05:08

0.000Air Blank 05:08

# 1 0.102Subject Sample 05:09

1.812Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.100Subject Sample 05:11

1.882Breath Volume 05:11

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 11/23/2019 12:03

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2110/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:14

Indian River Co SO

EGGERS,RYAN

07/02/2022

1167545

Indian River Co SO

KANTORSKI,MARK,A

BELL

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.079Control Test 00:27

Air Blank 00:27 RFI Detect

0.000Air Blank 00:28

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:2010/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:14

Indian River Co SO

EGGERS,RYAN

07/02/2022

1167545

Indian River Co SO

KANTORSKI,MARK,A

BELL

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:31

0.000Air Blank 00:31

# 1 0.180Subject Sample 00:33

2.027Breath Volume 00:33

0.000Air Blank 00:34

0.000Air Blank 00:35

# 2 0.173Subject Sample 00:36

2.285Breath Volume 00:36

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0210/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:16

Indian River Co SO

FLORES,D

07/02/2022

1167545

Indian River Co SO

WHILE,C,

GUESS

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:45

# 1 0.191Subject Sample 22:46

1.714Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:48

# 2 0.191Subject Sample 22:49

1.414Breath Volume 22:49

0.000Air Blank 22:50

0.080Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:51

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5010/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:01

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

WHILE,C,

GARCIA

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.080Control Test 23:01

0.000Air Blank 23:02

# 1 0.000Subject Sample 23:02

1.488Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.000Subject Sample 23:05

1.503Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:4010/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:57

Indian River Co SO

AYALA,K

07/02/2022

1167545

Vero Beach PD

GRANDY,KEVIN,

DEAN

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.168Subject Sample 00:38

1.195Breath Volume 00:38

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.157Subject Sample 00:41

1.320Breath Volume 00:41

0.000Air Blank 00:41

0.079Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1410/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:29

Indian River Co SO

BUFFINGTON,B

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

CAMPBELL

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.079Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:48:4310/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

04:18

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

VIEYRA

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

# 1Subject Sample 05:47 Subject Test Refused

0.000Breath Volume 05:47

0.000Air Blank 05:47

0.080Control Test 05:48

0.000Air Blank 05:48

OKDiagnostics Check 05:48

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2010/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:13

Indian River Co SO

MANGEL,MINDY

07/02/2022

1167545

Indian River Co SO

KANTORSKI,MARK,A

PLACE

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:15

0.081Control Test 01:15

0.000Air Blank 01:16

# 1 0.181Subject Sample 01:18

2.531Breath Volume 01:18

Air Blank 01:18 RFI Detect

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3610/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:13

Indian River Co SO

MANGEL,MINDY

07/02/2022

1167545

Indian River Co SO

KANTORSKI,MARK,A

PLACE

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.079Control Test 01:22

0.000Air Blank 01:23

# 1 0.178Subject Sample 01:25

2.355Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:27

# 2 0.171Subject Sample 01:29

2.476Breath Volume 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:01:1710/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:01

Indian River Co SO

SHARPETA,C

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

PERRAULT

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:58

0.080Control Test 21:59

0.000Air Blank 21:59

# 1Subject Sample 21:59 Subject Test Refused

0.000Breath Volume 21:59

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

OKDiagnostics Check 22:01

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0210/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

22:32

Vero Beach PD

FUSCO,ANTHONY

07/02/2022

1167545

Vero Beach PD

GREEN,BRIAN,P

MCGINNIS

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:27

# 1 0.127Subject Sample 23:30 Volume Not Met

0.472Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.162Subject Sample 23:33

1.441Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 3 0.160Subject Sample 23:36

1.214Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:37

OKDiagnostics Check 23:38

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:34:4910/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:26

Indian River Co SO

HOILETT,D

07/02/2022

1167545

Indian River Co SO

WHILE,C,J

JOHNSON

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:32

0.080Control Test 17:32

0.000Air Blank 17:33

# 1Subject Sample 17:33 Subject Test Refused

0.000Breath Volume 17:33

0.000Air Blank 17:33

0.080Control Test 17:34

0.000Air Blank 17:34

OKDiagnostics Check 17:34

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:0410/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

15:17

Indian River Co SO

MCKENZE,D

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

BENTON

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.080Control Test 17:11

0.000Air Blank 17:11

# 1Subject Sample 17:11 Subject Test Refused

0.000Breath Volume 17:11

0.000Air Blank 17:12

0.080Control Test 17:12

0.000Air Blank 17:12

OKDiagnostics Check 17:13

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2410/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:11

Indian River Co SO

BRASHERS,E

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

GEBOW

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.079Control Test 21:49

0.000Air Blank 21:50

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:2710/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:55

Indian River Co SO

MANGEL,DEPUTY

07/02/2022

1167545

Indian River Co SO

KANTORSKI,MARK,A

VELASQUEZ

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.080Control Test 01:37

0.000Air Blank 01:37

# 1 0.167Subject Sample 01:38

3.074Breath Volume 01:38

0.000Air Blank 01:39

0.000Air Blank 01:41

# 2 0.177Subject Sample 01:41

3.625Breath Volume 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5210/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:52

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

HOLIDAY,LATONYA,A

HOOPER

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1Subject Sample 03:42 Subject Test Refused

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:3910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:59

17:34

Indian River Co SO

RODRIGUEZ,C

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

BOUGOURD

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

# 1 0.139Subject Sample 18:22

1.984Breath Volume 18:22

0.000Air Blank 18:23

0.000Air Blank 18:25

# 2 0.134Subject Sample 18:26

2.332Breath Volume 18:26

0.000Air Blank 18:26

0.079Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3310/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:32

Indian River Co SO

MCKEON,A

07/02/2022

1167545

Fellsmere PD

SIGNORELLI,A,

MCPHEE

09/06/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.080Control Test 23:04

0.000Air Blank 23:05

# 1Subject Sample 23:05 Subject Test Refused

0.000Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 10/14/2019 08:52

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:1210/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:40

Indian River Co SO

2140,WHITTINGTON

07/02/2022

1167545

Indian River Co SO

WHILE,C,

MOORE

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

# 1Subject Sample 22:38 No Sample Provided

0.000Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2Subject Sample 22:42 Subject Test Refused

0.910Breath Volume 22:42

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:1310/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:01

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

TAIT

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:06

0.000Air Blank 04:07

# 1 0.119Subject Sample 04:08

2.613Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.117Subject Sample 04:11

3.464Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:1710/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

13:12

FHP Troop K

MAURANCY,FRANNY

07/02/2022

1167545

FHP Troop K

DENARDO,RYAN,M

JARVIS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:48

0.000Air Blank 16:49

0.078Control Test 16:49

Air Blank 16:50 Improper Sample

Air Blank 16:50 Improper Sample

Data Download Date/Time: 11/15/2019 05:37

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:0410/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

13:12

FHP Troop K

MAURANCY,FRANNY

07/02/2022

1167545

FHP Troop K

DENARDO,RYAN,M

JARVIS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:52

Air Blank 16:52 Improper Sample

Air Blank 16:53 Improper Sample

Data Download Date/Time: 11/15/2019 05:37

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:4210/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

13:12

FHP Troop K

MAURANCY,FRANNY

07/02/2022

1167545

FHP Troop K

DENARDO,RYAN,M

JARVIS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:55

0.000Air Blank 16:56

0.000Control Test 16:56 Control Outside Tolerance

Air Blank 16:56 Improper Sample

Data Download Date/Time: 11/15/2019 05:37

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:4810/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

13:12

FHP Troop K

MAURANCY,FRANNY

07/02/2022

1167545

FHP Troop K

DENARDO,RYAN,M

JARVIS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:00

Air Blank 17:00 Improper Sample

0.000Air Blank 17:00

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:09:0710/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:22

13:12

FHP Troop K

MAURANCY,FRANNY

07/02/2022

1167545

FHP Troop K

DENARDO,RYAN,M

JARVIS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:02

0.000Air Blank 17:03

0.077Control Test 17:03

0.000Air Blank 17:04

# 1 0.137Subject Sample 17:04

2.273Breath Volume 17:04

0.000Air Blank 17:05

0.000Air Blank 17:06

# 2 0.131Subject Sample 17:07

1.628Breath Volume 17:07

0.000Air Blank 17:08

0.077Control Test 17:08

0.000Air Blank 17:09

OKDiagnostics Check 17:09

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3210/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:31

20:37

Indian River Co SO

SHAW,N

07/02/2022

1167545

Indian River Shores

SIGNORELLI,A,

FISH

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:52

0.000Air Blank 21:53

0.080Control Test 21:53

0.000Air Blank 21:54

# 1 0.204Subject Sample 21:55

1.515Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.190Subject Sample 21:58

1.515Breath Volume 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:22:5010/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:45

14:01

Indian River Co SO

MCKENZIE,BRANDON

07/02/2022

1167545

Sebastian PD

GIST,SHARON,D

BASILE-WARD

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:16

0.000Air Blank 15:17

0.080Control Test 15:17

0.000Air Blank 15:17

# 1 0.000Subject Sample 15:18

1.332Breath Volume 15:18

0.000Air Blank 15:18

0.000Air Blank 15:20

# 2 0.000Subject Sample 15:21

2.519Breath Volume 15:21

0.000Air Blank 15:21

0.080Control Test 15:22

0.000Air Blank 15:22

OKDiagnostics Check 15:22

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:0510/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:49

Indian River Co SO

VILLER,D

07/02/2022

1167545

Indian River Co SO

WHILE,C,

HATTEN

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.080Control Test 19:36

0.000Air Blank 19:37

# 1Subject Sample 19:37 Subject Test Refused

0.000Breath Volume 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:34:2810/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:55

Indian River Co SO

JAWORSKI,K

07/02/2022

1167545

Indian River Co SO

WHILE,C,

ARIZPE

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:31

0.000Air Blank 16:32

0.080Control Test 16:32

0.000Air Blank 16:32

# 1Subject Sample 16:33 Subject Test Refused

0.000Breath Volume 16:33

0.000Air Blank 16:33

0.079Control Test 16:33

0.000Air Blank 16:34

OKDiagnostics Check 16:34

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1910/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:32

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

HAMILTON,DEVIN,C

HOWELL

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:28

0.080Control Test 02:29

0.000Air Blank 02:29

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:1110/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:22

Indian River Co SO

HOILETT,D

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

MAGANA

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:02

0.000Air Blank 02:02

# 1Subject Sample 02:02 Subject Test Refused

0.000Breath Volume 02:02

0.000Air Blank 02:03

0.080Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:5610/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:16

Indian River Co SO

FRICKE,J

07/02/2022

1167545

Indian River Co SO

WHILE,C,J

LEONARDO

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:01

0.079Control Test 23:01

0.000Air Blank 23:02

# 1Subject Sample 23:05 No Sample Provided

0.000Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2Subject Sample 23:08 Subject Test Refused

0.000Breath Volume 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:54:3610/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

13:18

Indian River Co SO

FERRERA,R

07/02/2022

1167545

Indian River Co SO

WOOD,THERESA,K

DORSETT

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 13:51

0.000Air Blank 13:51

0.080Control Test 13:51

0.000Air Blank 13:52

# 1Subject Sample 13:53 Subject Test Refused

0.000Breath Volume 13:53

0.000Air Blank 13:53

0.080Control Test 13:54

0.000Air Blank 13:54

OKDiagnostics Check 13:54

Data Download Date/Time: 11/15/2019 05:37

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:4810/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

17:44

FHP Troop L

HAGGARD,RICKY

07/02/2022

1167545

FHP Troop L

HAGGARD,RICKY,J

BAKER

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

# 1 0.096Subject Sample 22:14

1.210Breath Volume 22:14

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.109Subject Sample 22:17

2.988Breath Volume 22:17

0.000Air Blank 22:17

0.079Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/15/2019 05:38

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0510/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:54

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

RAYMOND,FRANK,W

JACOBS

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

# 1 0.020Subject Sample 04:10

1.269Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.018Subject Sample 04:13

1.164Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 11/15/2019 05:38

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:5610/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:28

Indian River Co SO

RUIZ,M

07/02/2022

1167545

Indian River Co SO

SIGORELLI,A,

JACQUELIN

10/16/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.080Control Test 21:14

0.000Air Blank 21:14

# 1 0.180Subject Sample 21:15

1.671Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.166Subject Sample 21:20

1.265Breath Volume 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 11/15/2019 05:38

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001340CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:5110/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:24

21:51

DeSoto County SO

SHADDUCK,TIFFANY

01/05/2020

31517080A1

Arcadia PD

DAVIS,JOHN,P

CASTILLO

09/25/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.077Control Test 23:00

0.000Air Blank 23:00

# 1Subject Sample 23:01 Subject Test Refused

0.000Breath Volume 23:01

0.000Air Blank 23:01

0.077Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 10/23/2019 07:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:37:4310/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

08:53

Sarasota County SO

KOSTYAL,MATT

08/05/2021

17919080A2

Sarasota County SO

KOSTYAL,MATTHEW,A

PAINE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:31

0.000Air Blank 10:32

0.078Control Test 10:32

0.000Air Blank 10:32

# 1 0.000Subject Sample 10:33

3.722Breath Volume 10:33

0.000Air Blank 10:33

0.000Air Blank 10:35

# 2 0.000Subject Sample 10:36

3.628Breath Volume 10:36

0.000Air Blank 10:36

0.078Control Test 10:37

0.000Air Blank 10:37

OKDiagnostics Check 10:37

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:3910/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:04

Sarasota County SO

DINKA,R

08/05/2021

17919080A2

Venice PD

NAMORS,JASON,R

GUZIEJKA

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:42

# 1 0.135Subject Sample 22:43

2.417Breath Volume 22:43

0.000Air Blank 22:44

0.000Air Blank 22:46

# 2 0.137Subject Sample 22:46

2.363Breath Volume 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

Air Blank 22:48 Ambient Fail

0.000Air Blank 22:48

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:46:4010/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:07

15:40

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

REESE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:39

0.000Air Blank 17:40

0.079Control Test 17:40

0.000Air Blank 17:40

# 1 0.206Subject Sample 17:41

2.480Breath Volume 17:41

0.000Air Blank 17:42

0.000Air Blank 17:44

# 2 0.215Subject Sample 17:44

2.808Breath Volume 17:44

0.000Air Blank 17:45

0.079Control Test 17:46

0.000Air Blank 17:46

OKDiagnostics Check 17:46

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:3610/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:01

Sarasota County SO

ALEMAN,F

08/05/2021

17919080A2

North Port PD

FARLEY,STEVE,P

TALLENT

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

Air Blank 01:27 RFI Detect

0.000Air Blank 01:27

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2810/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

12:01

Sarasota County SO

ALEMAN,F

08/05/2021

17919080A2

North Port PD

FARLEY,STEVE,P

TALLENT

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.078Control Test 01:32

0.000Air Blank 01:33

# 1 0.103Subject Sample 01:34

1.687Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.098Subject Sample 01:36

2.191Breath Volume 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:52

FHP Troop F

CANTWELL,J

08/05/2021

17919080A2

FHP Troop F

CANTWELL,J,

CORBIN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.175Subject Sample 04:09

2.890Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.167Subject Sample 04:12

2.105Breath Volume 04:12

0.000Air Blank 04:13

0.079Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/26/2019 08:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0710/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:57

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,M,T

TANNER

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1 0.164Subject Sample 01:53

3.343Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.149Subject Sample 01:56

1.886Breath Volume 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:3610/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:28

Sarasota County SO

SHORT,STEVEN

08/05/2021

17919080A2

Venice PD

MITCHELL,N,N

SCHUCK

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:48

0.080Control Test 21:48

0.000Air Blank 21:49

# 1 0.158Subject Sample 21:52 Volume Not Met

0.019Breath Volume 21:52

0.000Air Blank 21:52

0.000Air Blank 21:54

# 2 0.155Subject Sample 21:55

1.773Breath Volume 21:55

0.000Air Blank 21:56

0.000Air Blank 21:57

# 3 0.165Subject Sample 21:59

1.625Breath Volume 21:59

0.000Air Blank 21:59

0.078Control Test 21:59

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1110/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:51

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

NEUMAN

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:00

# 1Subject Sample 00:04 No Sample Provided

0.000Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2Subject Sample 00:06 Subject Test Refused

0.000Breath Volume 00:06

0.000Air Blank 00:07

0.077Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:5710/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:03

Sarasota County SO

BARR,J

08/05/2021

17919080A2

Sarasota County SO

BARR,J,S

LAVOIE

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.080Control Test 18:49

0.000Air Blank 18:49

# 1 0.077Subject Sample 18:50

2.714Breath Volume 18:50

0.000Air Blank 18:51

0.000Air Blank 18:52

# 2 0.075Subject Sample 18:53

2.304Breath Volume 18:53

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2710/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:30

Sarasota County SO

CHAPMAN,OFFICER

08/05/2021

17919080A2

Sarasota PD

MENDEZ,DEPUTY,C

MARAVI

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.075Control Test 01:23

0.000Air Blank 01:24

# 1 0.223Subject Sample 01:24

1.937Breath Volume 01:24

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2 0.226Subject Sample 01:27

1.550Breath Volume 01:27

0.000Air Blank 01:28

0.079Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:2810/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:09

Sarasota County SO

WEG,LEONARD

08/05/2021

17919080A2

Sarasota County SO

BUTLER,CHRIS,T

JOHNSON

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:45

0.000Air Blank 21:46

0.079Control Test 21:46

0.000Air Blank 21:47

# 1 0.000Subject Sample 21:47

1.562Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.000Subject Sample 21:51

1.851Breath Volume 21:51

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:3910/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:28

Sarasota County SO

APPLEBEE,A

08/05/2021

17919080A2

Sarasota PD

FLYNN,MICHAEL,T

HELM

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.079Control Test 00:03

0.000Air Blank 00:04

# 1 0.181Subject Sample 00:04

2.394Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.173Subject Sample 00:08

2.109Breath Volume 00:08

0.000Air Blank 00:08

0.077Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 11/26/2019 08:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:42:0510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:57

08:27

Eustis PD

PARKER,STEPHEN

10/12/2021

1031121

Eustis PD

PEREZ,DAVID,A

SUMMERS

09/22/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 09:39

0.000Air Blank 09:39

0.080Control Test 09:39

0.000Air Blank 09:40

# 1Subject Sample 09:40 Subject Test Refused

0.000Breath Volume 09:40

0.000Air Blank 09:41

0.080Control Test 09:41

0.000Air Blank 09:41

OKDiagnostics Check 09:42

Data Download Date/Time: 10/20/2019 09:40

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:0310/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:48

13:48

Eustis PD

KRONDAHL,CARL

10/12/2021

1031121

Eustis PD

CORTES,VICTOR,E

SMITH

09/22/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:25

0.000Air Blank 14:25

0.080Control Test 14:25

0.000Air Blank 14:26

# 1 0.000Subject Sample 14:26

2.621Breath Volume 14:26

0.000Air Blank 14:27

0.000Air Blank 14:29

# 2 0.000Subject Sample 14:29

2.644Breath Volume 14:29

0.000Air Blank 14:30

0.079Control Test 14:30

0.000Air Blank 14:30

OKDiagnostics Check 14:31

Data Download Date/Time: 10/20/2019 09:40

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:4510/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:08

Eustis PD

CROWTHER,TREVOR

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

SCANLON

09/22/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

# 1 0.144Subject Sample 23:10

1.250Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.149Subject Sample 23:13

1.949Breath Volume 23:13

0.000Air Blank 23:13

0.078Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 10/20/2019 09:40

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:4910/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:33

Eustis PD

CROWTHER,TREVOR

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

PASCACIO

09/22/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

# 1 0.164Subject Sample 04:16 Volume Not Met

1.074Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.170Subject Sample 04:21

2.796Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:23

# 3 0.188Subject Sample 04:24

3.656Breath Volume 04:24

0.000Air Blank 04:24

0.077Control Test 04:25

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/20/2019 09:40

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:5210/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:11

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

STEPANIS

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

# 1 0.000Subject Sample 03:34

2.730Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.000Subject Sample 03:37

2.921Breath Volume 03:37

0.000Air Blank 03:37

0.078Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 10/15/2019 07:10

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:4410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:23

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

DUPONT

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.079Control Test 04:01

0.000Air Blank 04:01

# 1 0.219Subject Sample 04:02

2.796Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.227Subject Sample 04:05

1.765Breath Volume 04:05

0.000Air Blank 04:05

0.079Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 10/15/2019 07:10

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:5110/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

17:32

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

BYRD

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:40

0.000Air Blank 17:40

0.078Control Test 17:41

0.000Air Blank 17:41

# 1 0.175Subject Sample 17:43

1.804Breath Volume 17:43

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.172Subject Sample 17:46

1.566Breath Volume 17:46

0.000Air Blank 17:46

0.078Control Test 17:47

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 11/26/2019 08:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1210/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

02:03

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

STRASBURG

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.362Subject Sample 02:26

2.039Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.362Subject Sample 02:29

2.949Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/26/2019 08:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:3510/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:33

Sarasota County SO

BELL,DEP D

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

YOTHER

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.243Subject Sample 01:28

2.445Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.253Subject Sample 01:31

2.957Breath Volume 01:31

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:33:1110/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

13:47

Sarasota County SO

BROOKS,OFC

08/05/2021

17919080A2

Venice PD

RODRIGUEZ,DANIEL,

OSENNI

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:27

0.000Air Blank 15:27

0.080Control Test 15:27

0.000Air Blank 15:28

# 1 0.162Subject Sample 15:28

1.968Breath Volume 15:28

0.000Air Blank 15:29

0.000Air Blank 15:31

# 2 0.163Subject Sample 15:31

1.531Breath Volume 15:31

0.000Air Blank 15:32

0.079Control Test 15:32

0.000Air Blank 15:33

OKDiagnostics Check 15:33

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:4710/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:45

FHP Troop F

CANTWELL,J

08/05/2021

17919080A2

FHP Troop F

CANTWELL,J,

LOVE

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:05

0.000Air Blank 02:05

# 1 0.000Subject Sample 02:06

3.386Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.000Subject Sample 02:09

2.839Breath Volume 02:09

0.000Air Blank 02:09

0.080Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:1910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:53

04:20

Sarasota County SO

GARCIA,OFFICER

08/05/2021

17919080A2

Sarasota PD

MENDEZ,DEPUTY,C

OCHOA-LOPEZ

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:15

# 1 0.120Subject Sample 05:15

3.468Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.122Subject Sample 05:18

3.226Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:1410/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:07

Sarasota PD

PERKINS,OFC

08/05/2021

17919080A2

Sarasota PD

PERKINS,OFC,W

MCDOWELL

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.201Subject Sample 02:57

1.488Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.211Subject Sample 03:00

1.312Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:1110/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:10

North Port PD

BOETGER,ELI

08/05/2021

17919080A2

North Port PD

BOETGER,ELI,L

SINGH

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:40

# 1 0.176Subject Sample 03:41

1.425Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.144Subject Sample 03:46 Volume Not Met

0.867Breath Volume 03:46

0.000Air Blank 03:47

0.000Air Blank 03:49

# 3 0.150Subject Sample 03:52 Volume Not Met

0.343Breath Volume 03:52

0.000Air Blank 03:53

0.077Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:37:5510/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:32

Sarasota County SO

PUFAHL,G

08/05/2021

17919080A2

Sarasota County SO

PUFAHL,G,

JEROME

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:31

0.000Air Blank 08:32

0.079Control Test 08:32

0.000Air Blank 08:32

# 1 0.000Subject Sample 08:33

4.113Breath Volume 08:33

0.000Air Blank 08:34

0.000Air Blank 08:36

# 2 0.000Subject Sample 08:36

2.558Breath Volume 08:36

0.000Air Blank 08:37

0.079Control Test 08:37

0.000Air Blank 08:37

OKDiagnostics Check 08:37

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0410/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:04

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,MICHAEL,T

HOGUE

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

# 1 0.096Subject Sample 00:02 Volume Not Met

0.472Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2Subject Sample 00:05 Subject Test Refused

1.460Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:1510/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:04

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

FLYNN,M,T

HOGUE

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.078Control Test 00:31

0.000Air Blank 00:31

# 1 0.133Subject Sample 00:32

1.710Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.112Subject Sample 00:36

1.578Breath Volume 00:36

0.000Air Blank 00:37

0.000Air Blank 00:39

# 3 0.128Subject Sample 00:39

1.351Breath Volume 00:39

0.000Air Blank 00:40

0.078Control Test 00:40

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1110/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:51

Sarasota County SO

BUTLER,CHRIS

08/05/2021

17919080A2

Sarasota County SO

BUTLER,CHRIS,

FRIEDMAN

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

# 1 0.240Subject Sample 03:55

1.847Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.231Subject Sample 03:58

2.441Breath Volume 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/15/2019 07:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:3110/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:05

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

NAMORS,JASON,R

YODER

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.078Control Test 03:01

0.000Air Blank 03:01

# 1 0.143Subject Sample 03:02

3.191Breath Volume 03:02

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.146Subject Sample 03:05

2.925Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 10/15/2019 07:05

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001347CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:37:0210/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:00

10:33

Sarasota County SO

BERNIER,OFC

08/05/2021

17919080A2

Sarasota PD

SCHAETZER,DEP,

JAMIESON

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:30

0.000Air Blank 11:31

0.079Control Test 11:31

0.000Air Blank 11:32

# 1 0.317Subject Sample 11:32

4.351Breath Volume 11:32

0.000Air Blank 11:33

0.000Air Blank 11:35

# 2 0.318Subject Sample 11:35

3.867Breath Volume 11:35

0.000Air Blank 11:36

0.077Control Test 11:36

0.000Air Blank 11:36

OKDiagnostics Check 11:37

Data Download Date/Time: 10/15/2019 07:05

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1810/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:57

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

BROWN

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.078Control Test 02:32

0.000Air Blank 02:33

# 1 0.231Subject Sample 02:33

1.429Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.220Subject Sample 02:36

1.218Breath Volume 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 10/15/2019 07:06

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:4810/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

17:01

Sarasota County SO

FLINT,SERGEANT

06/05/2020

10818080A4

Sarasota County SO

FLINT,SERGEANT,C

PLATZ

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:07

0.000Air Blank 17:07

0.078Control Test 17:07

0.000Air Blank 17:08

# 1 0.138Subject Sample 17:09

2.960Breath Volume 17:09

0.000Air Blank 17:09

0.000Air Blank 17:11

# 2 0.134Subject Sample 17:12

3.589Breath Volume 17:12

0.000Air Blank 17:12

0.078Control Test 17:13

0.000Air Blank 17:13

OKDiagnostics Check 17:13

Data Download Date/Time: 10/15/2019 07:06

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:53:2910/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:45

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

SUNQUIST

09/25/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:47

0.000Air Blank 18:47

0.078Control Test 18:48

0.000Air Blank 18:48

# 1 0.312Subject Sample 18:49

2.757Breath Volume 18:49

0.000Air Blank 18:49

0.000Air Blank 18:51

# 2 0.311Subject Sample 18:52

2.804Breath Volume 18:52

0.000Air Blank 18:52

0.078Control Test 18:52

0.000Air Blank 18:53

OKDiagnostics Check 18:53

Data Download Date/Time: 10/15/2019 07:06

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:4710/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:43

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

PUGH

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.077Control Test 02:04

0.000Air Blank 02:05

# 1 0.177Subject Sample 02:05

1.761Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:07

# 2 0.180Subject Sample 02:08

1.277Breath Volume 02:08

0.000Air Blank 02:08

0.000Control Test 02:09 Control Outside Tolerance

0.000Air Blank 02:09

Data Download Date/Time: 11/26/2019 10:33

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:1810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:59

Sarasota County SO

BARR,J

06/05/2020

10818080A4

Sarasota County SO

BARR,J,S

RAMIREZPEREZ

10/15/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.078Control Test 23:08

0.000Air Blank 23:08

# 1 0.215Subject Sample 23:08

2.468Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.211Subject Sample 23:11

3.093Breath Volume 23:11

0.000Air Blank 23:12

0.078Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 11/26/2019 10:33

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:5710/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

18:02

FHP Troop D

MENDEZ,JAMIE

07/30/2022

1175968

FHP Troop D

MENDEZ,JAMIE,J

KAMMERER

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:55

0.080Control Test 18:56

0.000Air Blank 18:56

# 1 0.194Subject Sample 18:57

2.597Breath Volume 18:57

0.000Air Blank 18:57

0.000Air Blank 18:59

# 2 0.195Subject Sample 19:00

2.949Breath Volume 19:00

0.000Air Blank 19:01

0.080Control Test 19:01

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:3010/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:32

FHP Troop D

SWISHER,EDWARD

07/30/2022

1175968

FHP Troop D

SWISHER,EDWARD,T

COX

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

# 1 0.186Subject Sample 23:33

1.390Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.187Subject Sample 23:39 Volume Not Met

0.000Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 3 0.175Subject Sample 23:44 Volume Not Met

0.785Breath Volume 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:2910/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:32

FHP Troop D

SWISHER,EDWARD

07/30/2022

1175968

FHP Troop D

SWISHER,EDWARD,T

COX

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

# 1 0.183Subject Sample 23:51

2.441Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.179Subject Sample 23:55

2.640Breath Volume 23:55

0.000Air Blank 23:56

0.078Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:0610/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

16:50

FHP Troop D

MENDEZ,JAMIE

07/30/2022

1175968

FHP Troop D

MENDEZ,JAMIE,J

MURRAY

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:58

0.081Control Test 18:59

0.000Air Blank 18:59

# 1Subject Sample 18:59 Subject Test Refused

0.000Breath Volume 18:59

0.000Air Blank 19:00

0.080Control Test 19:00

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:12:2310/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:25

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,D

NICKS

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:12

Air Blank 19:12 RFI Detect

Air Blank 19:12 RFI Detect

Data Download Date/Time: 10/22/2019 13:57

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:25:1910/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:25

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,D

NICKS

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:15

0.081Control Test 19:15

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:19

1.738Breath Volume 19:19

0.000Air Blank 19:19

0.000Air Blank 19:22

# 2 0.000Subject Sample 19:23

2.078Breath Volume 19:23

0.000Air Blank 19:24

0.080Control Test 19:24

0.000Air Blank 19:25

OKDiagnostics Check 19:25

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:2410/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:25

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,D

NICKS

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:35

Air Blank 19:35 RFI Detect

0.000Air Blank 19:36

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:5310/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:25

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,D

NICKS

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:40

0.000Air Blank 19:40

19:40 RFI Detect

Air Blank 19:40 RFI Detect

Data Download Date/Time: 10/22/2019 13:57

14 January 2020

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:5610/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:25

FHP Troop D

BLAIR,TIMOTHY

07/30/2022

1175968

FHP Troop D

BLAIR,TIMOTHY,D

NICKS

09/30/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:44

# 1 0.000Subject Sample 19:46

1.894Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.000Subject Sample 19:49

2.687Breath Volume 19:49

0.000Air Blank 19:50

0.080Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 10/22/2019 13:57

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:0510/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:22

FHP Troop D

SWISHER,EDWARD

07/30/2022

1175968

FHP Troop D

TYSON,SEAN,F

TYSON

10/21/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.000Subject Sample 02:05

2.199Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.000Subject Sample 02:09

2.062Breath Volume 02:09

0.000Air Blank 02:10

0.081Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:11

Data Download Date/Time: 11/27/2019 22:29

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:1810/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:09

05:20

Mayport Naval Base

POLLOCK,DERRICK

03/05/2021

00919080A3

Mayport Naval Base

SHAHEEN,KEITH,B

WALLACE

09/23/2019

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:34

# 1 0.000Subject Sample 06:34

5.214Breath Volume 06:34

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.000Subject Sample 06:37

5.820Breath Volume 06:37

0.000Air Blank 06:38

0.079Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 10/17/2019 13:08

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0410/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:35

Mayport Naval Base

COWAN,JOSEPH

03/05/2021

00919080A3

Mayport Naval Base

LOOS,JAMES,P

GRIFFITH

10/17/2019

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.079Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:07 Subject Test Refused

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:08

OKDiagnostics Check 03:09

Data Download Date/Time: 11/25/2019 11:04

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:2810/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:41

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

MASLINE,T'NEISHA,S

FRANKLIN

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.081Control Test 22:32

0.000Air Blank 22:32

# 1 0.059Subject Sample 22:33

1.171Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.061Subject Sample 22:37

1.187Breath Volume 22:37

0.000Air Blank 22:37

0.080Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2710/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:06

Clay County SO

HOWELL,L

08/05/2020

17618080A1

Clay County SO

MASLINE,T'NEISHA,S

CADARETTE

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

# 1Subject Sample 02:01 No Sample Provided

0.000Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.081Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4910/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:12

Clay County SO

WILKINSON,M

08/05/2020

17618080A1

Clay County SO

ALTSTATT,MATTHEW,B

WING

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1Subject Sample 04:44 Subject Test Refused

0.000Breath Volume 04:44

0.000Air Blank 04:44

0.081Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:2410/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:09

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

PARCHER,JOSHUA,J

AKER

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:41

0.082Control Test 21:41

0.000Air Blank 21:42

# 1 0.163Subject Sample 21:43

2.156Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.174Subject Sample 21:46

2.617Breath Volume 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1010/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

00:55

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

ALTSTATT,MATTHEW,B

DEUEL

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.081Control Test 01:41

0.000Air Blank 01:41

# 1 0.124Subject Sample 01:42

1.871Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.117Subject Sample 01:45

1.648Breath Volume 01:45

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:0510/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

23:32

Clay County SO

VO,SABASTION

08/05/2020

17618080A1

FHP Troop G

MASLINE,T'NEISHA,S

BERGERON

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

# 1 0.059Subject Sample 02:11

1.234Breath Volume 02:11

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.065Subject Sample 02:14

1.390Breath Volume 02:14

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:16

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0310/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:12

Clay County SO

MORRELL,B

08/05/2020

17618080A1

Clay County SO

PARCHER,JOSHUA,J

CLAPSADDLE

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:05

0.080Control Test 03:06

0.000Air Blank 03:06

# 1 0.187Subject Sample 03:09

1.453Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.217Subject Sample 03:12

3.269Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:15

# 3 0.223Subject Sample 03:16

2.824Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:18

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:1310/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:29

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

MASLINE,T'NEISHA,S

WARD

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:13

0.000Air Blank 21:13

0.081Control Test 21:13

0.000Air Blank 21:14

# 1 0.000Subject Sample 21:15

1.562Breath Volume 21:15

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.000Subject Sample 21:18

1.320Breath Volume 21:18

0.000Air Blank 21:19

0.078Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:3810/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:21

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

PARCHER,JOSHUA,J

GREENE

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:09

# 1 0.000Subject Sample 01:11

1.894Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.000Subject Sample 01:16

1.484Breath Volume 01:16

0.000Air Blank 01:16

0.080Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:4210/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

19:16

Clay County SO

ONORATO,B

08/05/2020

17618080A1

FHP Troop G

RENTZ,JARROD,C

ANDERSON

10/24/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:03

0.081Control Test 21:04

0.000Air Blank 21:04

# 1Subject Sample 21:07 No Sample Provided

0.000Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2Subject Sample 21:10 Subject Test Refused

0.000Breath Volume 21:10

0.000Air Blank 21:10

0.081Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 10/28/2019 21:35

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:0810/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:43

16:49

COLLIER COUNTY SO

NOVA,M

02/05/2021

32518080A1

COLLIER COUNTY SO

WESTBERG,CHRISTOPHER,R

STEELE

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:04

0.000Air Blank 18:05

0.080Control Test 18:05

0.000Air Blank 18:06

# 1 0.000Subject Sample 18:06

2.863Breath Volume 18:06

0.000Air Blank 18:07

0.000Air Blank 18:09

# 2 0.000Subject Sample 18:09

3.382Breath Volume 18:09

0.000Air Blank 18:10

0.080Control Test 18:10

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:1010/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:26

COLLIER COUNTY SO

WALBERT,A

02/05/2021

32518080A1

NAPLES PD

TARR,L,J

MENCHIN

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:32

0.080Control Test 22:32

0.000Air Blank 22:32

# 1 0.160Subject Sample 22:33

1.718Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.152Subject Sample 22:37

1.527Breath Volume 22:37

0.000Air Blank 22:38

0.079Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:2810/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:06

COLLIER COUNTY SO

GROSSKLAS,D

02/05/2021

32518080A1

COLLIER COUNTY SO

GALLOPS,C,M

RICHARSON

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1 0.204Subject Sample 23:01

1.675Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.192Subject Sample 23:04

1.859Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0110/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:30

NAPLES PD

HARP,RYAN

02/05/2021

32518080A1

NAPLES PD

HARP,RYAN,M

DELSING

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

# 1 0.183Subject Sample 22:24

3.953Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:26

# 2 0.177Subject Sample 22:27

3.296Breath Volume 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:28

OKDiagnostics Check 22:29

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1610/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:37

COLLIER COUNTY SO

DEAR,D

02/05/2021

32518080A1

COLLIER COUNTY SO

CHAFFEE,C,

BROWN

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1Subject Sample 03:58 Subject Test Refused

0.000Breath Volume 03:58

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:0010/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:45

COLLIER COUNTY SO

MILLER,KURT

02/05/2021

32518080A1

COLLIER COUNTY SO

CORNELIUS,TIM,

ENGLEHART

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:39

# 1 0.144Subject Sample 01:40

4.179Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 2 0.149Subject Sample 01:43

3.894Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:45

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:1910/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:10

COLLIER COUNTY SO

WHITE,T

02/05/2021

32518080A1

COLLIER COUNTY SO

MONSEES,D,

CONRAD

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.167Subject Sample 01:23

1.613Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.158Subject Sample 01:26

1.597Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0110/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:06

COLLIER COUNTY SO

ASHBY,N

02/05/2021

32518080A1

COLLIER COUNTY SO

NATSON,ANDRAE,M

MEDINA

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.204Subject Sample 03:09

1.558Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.211Subject Sample 03:12

1.980Breath Volume 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:14

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:4010/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:24

COLLIER COUNTY SO

WALKER,J

02/05/2021

32518080A1

COLLIER COUNTY SO

LUGO,JONATHAN,B

GUTIERREZ

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.080Control Test 00:24

0.000Air Blank 00:24

# 1 0.127Subject Sample 00:25

2.136Breath Volume 00:25

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.116Subject Sample 00:28

1.722Breath Volume 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/01/2019 16:25

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:3610/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:54

06:30

COLLIER COUNTY SO

MCCOY,D

02/05/2021

32518080A1

COLLIER COUNTY SO

HARP,K,

GONZALEZ

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:18

0.000Air Blank 07:18

0.080Control Test 07:19

0.000Air Blank 07:19

# 1 0.131Subject Sample 07:20

1.527Breath Volume 07:20

0.000Air Blank 07:21

0.000Air Blank 07:23

# 2 0.124Subject Sample 07:26 Volume Not Met

0.781Breath Volume 07:26

0.000Air Blank 07:27

0.000Air Blank 07:28

# 3 0.130Subject Sample 07:29

2.312Breath Volume 07:29

0.000Air Blank 07:30

0.078Control Test 07:30

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:5610/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:00

COLLIER COUNTY SO

KENNEDY,DANIEL

02/05/2021

32518080A1

COLLIER COUNTY SO

KENNEDY,DANIEL,

KITCHELL

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:07 No Sample Provided

0.000Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2Subject Sample 22:13 No Sample Provided

0.000Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:1210/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:00

COLLIER COUNTY SO

KENNEDY,DANIEL

02/05/2021

32518080A1

COLLIER COUNTY SO

KENNEDY,DANIEL,L

KITCHELL

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.080Control Test 22:17

0.000Air Blank 22:17

# 1 0.356Subject Sample 22:17

1.593Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.330Subject Sample 22:21

1.566Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 3 0.348Subject Sample 22:24

1.828Breath Volume 22:24

0.000Air Blank 22:25

0.079Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:2010/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:27

COLLIER COUNTY SO

POUNDS,R

02/05/2021

32518080A1

COLLIER COUNTY SO

TAYLOR,E,W

KRUSZEWSKI

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1 0.173Subject Sample 01:34

2.207Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.164Subject Sample 01:37

2.207Breath Volume 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:2410/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

03:59

COLLIER COUNTY SO

APONTE,C

02/05/2021

32518080A1

COLLIER COUNTY SO

RIVAS,W,

RAMIREZYESCAS

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:40

0.080Control Test 04:40

0.000Air Blank 04:41

# 1 0.229Subject Sample 04:42

1.925Breath Volume 04:42

0.000Air Blank 04:42

0.000Air Blank 04:44

# 2 0.215Subject Sample 04:44

1.710Breath Volume 04:44

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:5910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

01:56

COLLIER COUNTY SO

ZEGERS,B

02/05/2021

32518080A1

FHP TROOP F

PARKS,D,M

SANNA

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.079Control Test 03:42

0.000Air Blank 03:42

# 1 0.207Subject Sample 03:43

3.738Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.201Subject Sample 03:46

3.988Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:4310/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:25

COLLIER COUNTY SO

PEREZ,M

02/05/2021

32518080A1

NAPLES PD

BRICE,MARCUS,D

FISCHER

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:40

0.000Air Blank 20:40

# 1 0.174Subject Sample 20:42

1.566Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.171Subject Sample 20:46

1.953Breath Volume 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

OKDiagnostics Check 20:47

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3910/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:53

22:18

COLLIER COUNTY SO

POUMDS,R

02/05/2021

32518080A1

COLLIER COUNTY SO

ANNORAT,ADELY,

WILLIAMS

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.264Subject Sample 23:22

2.566Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.237Subject Sample 23:26

1.218Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 3 0.243Subject Sample 23:30

1.425Breath Volume 23:30

0.000Air Blank 23:30

0.078Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:0410/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

17:19

COLLIER COUNTY SO

CORNELIUS,TIM

02/05/2021

32518080A1

COLLIER COUNTY SO

WARD,STEVEN,J

WARD

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.080Control Test 18:34

0.000Air Blank 18:35

# 1 0.288Subject Sample 18:35

2.753Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:37

# 2 0.283Subject Sample 18:38

3.050Breath Volume 18:38

0.000Air Blank 18:39

0.079Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:40

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:1410/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:52

COLLIER COUNTY SO

WOODS,M

02/05/2021

32518080A1

COLLIER COUNTY SO

CHAFFEE,C,

TOVAR

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.080Control Test 22:00

0.000Air Blank 22:00

# 1 0.152Subject Sample 22:03 Volume Not Met

1.093Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.142Subject Sample 22:07

2.121Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:09

# 3 0.156Subject Sample 22:10

1.667Breath Volume 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:39:2010/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:06

COLLIER COUNTY SO

CORWIN,J

02/05/2021

32518080A1

COLLIER COUNTY SO

GEORGE,SHANNON,N

ITZKOWITZ

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:24

0.080Control Test 19:25

0.000Air Blank 19:25

# 1 0.164Subject Sample 19:28 Volume Not Met

0.199Breath Volume 19:28

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.153Subject Sample 19:32

1.476Breath Volume 19:32

0.000Air Blank 19:32

0.000Air Blank 19:34

# 3 0.147Subject Sample 19:37

1.343Breath Volume 19:37

0.000Air Blank 19:38

0.079Control Test 19:38

0.000Air Blank 19:39

OKDiagnostics Check 19:39

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0910/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

20:36

COLLIER COUNTY SO

KAPPOCK,STEVE

02/05/2021

32518080A1

COLLIER COUNTY SO

CARPENTER,CHRISTOPHER,J

HUMPHRIES

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.079Control Test 22:02

0.000Air Blank 22:03

# 1 0.000Subject Sample 22:03

2.261Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.000Subject Sample 22:06

2.410Breath Volume 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:59:1510/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:28

12:54

COLLIER COUNTY SO

VONSOOSTEN,S

02/05/2021

32518080A1

FHP TROOP F

DECKER,DAVID,P

GOMEZ

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:52

0.000Air Blank 14:52

0.080Control Test 14:53

0.000Air Blank 14:53

# 1 0.239Subject Sample 14:54

2.621Breath Volume 14:54

0.000Air Blank 14:54

0.000Air Blank 14:56

# 2 0.249Subject Sample 14:57

1.734Breath Volume 14:57

0.000Air Blank 14:58

0.080Control Test 14:58

0.000Air Blank 14:59

OKDiagnostics Check 14:59

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:4010/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:14

COLLIER COUNTY SO

WOODS,H

02/05/2021

32518080A1

COLLIER COUNTY SO

ROGERS,MATTHEW,L

WESTPHAL

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

# 1 0.209Subject Sample 22:16

1.148Breath Volume 22:16

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.201Subject Sample 22:19

1.238Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0710/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:45

NAPLES PD

HARP,RYAN

02/05/2021

32518080A1

NAPLES PD

HARP,RYAN,M

SEPEDA

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:00

0.080Control Test 00:01

0.000Air Blank 00:01

# 1Subject Sample 00:03 Sequence Aborted

0.000Breath Volume 00:03

0.000Air Blank 00:04

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:0610/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

22:45

NAPLES PD

HARP,RYAN

02/05/2021

32518080A1

NAPLES PD

HARP,RYAN,M

SEPEDA

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

# 1 0.058Subject Sample 00:20

4.667Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:23

# 2 0.058Subject Sample 00:23

4.140Breath Volume 00:23

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:1310/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:29

19:20

COLLIER COUNTY SO

KAPPOCK,S

02/05/2021

32518080A1

COLLIER COUNTY SO

CARPENTER,CHRISTOPHER,J

BOUCHARD

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.080Control Test 20:53

0.000Air Blank 20:53

# 1 0.234Subject Sample 20:54

2.289Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.236Subject Sample 20:57

1.726Breath Volume 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:4310/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

21:45

FFWCC (SOUTH A)

DARREN,DANIEL

02/05/2021

32518080A1

COLLIER COUNTY SO

ARBOGAST,JOSHUA,S

DIEPPA

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.080Control Test 23:40

0.000Air Blank 23:40

# 1 0.000Subject Sample 23:41

1.578Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.000Subject Sample 23:44

1.621Breath Volume 23:44

0.000Air Blank 23:44

0.080Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5810/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:11

COLLIER COUNTY SO

PRATT,NICHOLAS

02/05/2021

32518080A1

COLLIER COUNTY SO

PRATT,NICHOLAS,J

CROFTON

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 1 0.200Subject Sample 00:00

3.152Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:02

# 2 0.171Subject Sample 00:03

1.429Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 3 0.164Subject Sample 00:06

1.562Breath Volume 00:06

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:5410/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:47

02:12

COLLIER COUNTY SO

POUNDS,R

02/05/2021

32518080A1

COLLIER COUNTY SO

MONSEES,D,

SEEGER

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.079Control Test 03:08

0.000Air Blank 03:08

# 1 0.161Subject Sample 03:09

1.265Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:11

# 2 0.162Subject Sample 03:12

2.621Breath Volume 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:4410/31/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:13

16:20

COLLIER COUNTY SO

NODORSE,Y

02/05/2021

32518080A1

COLLIER COUNTY SO

MCDUFFIE,B.,A

MORGAN

10/01/2019

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:37

0.000Air Blank 17:37

0.080Control Test 17:37

0.000Air Blank 17:38

# 1 0.132Subject Sample 17:38

1.949Breath Volume 17:38

0.000Air Blank 17:39

0.000Air Blank 17:41

# 2 0.128Subject Sample 17:42

1.550Breath Volume 17:42

0.000Air Blank 17:42

0.080Control Test 17:43

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 11/01/2019 16:26

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:4910/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:55

St. John's County SO

HETZLER,BRANDON

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

TURNER

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.083Control Test 02:31

0.000Air Blank 02:31

# 1 0.164Subject Sample 02:31

1.941Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.173Subject Sample 02:35

2.250Breath Volume 02:35

0.000Air Blank 02:35

0.081Control Test 02:36

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 10/30/2019 12:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3210/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:08

St. John's County SO

ELLIS,ALEXANDER

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,

HORSLEY

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:00

0.082Control Test 02:01

0.000Air Blank 02:01

# 1 0.146Subject Sample 02:01

2.804Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.170Subject Sample 02:04

2.253Breath Volume 02:04

0.000Air Blank 02:05

0.000Air Blank 02:07

# 3 0.166Subject Sample 02:08

2.367Breath Volume 02:08

0.000Air Blank 02:08

0.082Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 10/30/2019 12:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0310/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:43

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

VALDES

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.082Control Test 04:24

0.000Air Blank 04:25

# 1 0.170Subject Sample 04:25

2.492Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.175Subject Sample 04:28

2.125Breath Volume 04:28

0.000Air Blank 04:29

0.083Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 10/30/2019 12:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:5510/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:49

13:49

FHP Troop G

PEARCE,BRANDON

11/21/2019

640976

St. John's County SO

MILLS,SCOTT,T

SHELTON

09/05/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:10

0.000Air Blank 15:10

0.082Control Test 15:10

0.000Air Blank 15:11

# 1Subject Sample 15:11 RFI Detect

0.000Breath Volume 15:11

0.000Air Blank 15:11

0.082Control Test 15:12

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 10/30/2019 12:41

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4810/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:05

NORTH MIAMI PD

LAURENT,O

02/05/2021

34418080A3

NORTH MIAMI PD

PINEDA,MIGUEL,A

TINOPCIN

10/15/2019

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:38

0.000Air Blank 23:38

# 1 0.222Subject Sample 23:39

2.234Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.203Subject Sample 23:42

1.214Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 11/22/2019 13:27

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2210/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:27

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

RICHTER

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

# 1 0.190Subject Sample 02:23

2.902Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.197Subject Sample 02:26

2.828Breath Volume 02:26

0.000Air Blank 02:27

0.077Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:3810/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:36

U of Fl PD

WILLIAMS,STEPHANIE

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

MCCUE

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.077Control Test 03:28

0.000Air Blank 03:28

# 1Subject Sample 03:31 No Sample Provided

0.000Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2Subject Sample 03:37 No Sample Provided

0.000Breath Volume 03:37

0.000Air Blank 03:37

0.078Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:1910/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:31

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

GARCIA

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.077Control Test 03:36

0.000Air Blank 03:36

# 1 0.148Subject Sample 03:39 Volume Not Met

0.292Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.180Subject Sample 03:45

1.332Breath Volume 03:45

0.000Air Blank 03:46

0.000Air Blank 03:47

# 3 0.176Subject Sample 03:50

1.628Breath Volume 03:50

0.000Air Blank 03:51

0.075Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:57:0110/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:06

U of Fl PD

AUSGOOD,BRIAN

10/05/2021

22419080A2

U of Fl PD

PAZ,RICARDO,A

SCHOLES

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.077Control Test 05:51

0.000Air Blank 05:52

# 1 0.000Subject Sample 05:52

1.757Breath Volume 05:52

0.000Air Blank 05:53

0.000Air Blank 05:55

# 2 0.000Subject Sample 05:55

1.488Breath Volume 05:55

0.000Air Blank 05:56

0.078Control Test 05:56

0.000Air Blank 05:56

OKDiagnostics Check 05:57

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1210/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:41

U of Fl PD

WILLIAMS,STEPHANIE

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

BUSICK

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:37

0.000Air Blank 03:37

# 1 0.160Subject Sample 03:38

1.863Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.163Subject Sample 03:41

4.457Breath Volume 03:41

0.000Air Blank 03:42

0.076Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5410/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:43

U of Fl PD

WRZESINSKI,TIMOTHY

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

SLATTERY

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.077Control Test 04:07

0.000Air Blank 04:07

# 1 0.140Subject Sample 04:08

1.714Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.136Subject Sample 04:11

1.472Breath Volume 04:11

0.000Air Blank 04:12

0.077Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:08:2710/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:53

U of Fl PD

WILLIAMS,STEPHANIE

10/05/2021

22419080A2

U of Fl PD

MCMILLAN,SHIKINA,N

PAGAN

09/30/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.078Control Test 04:57

0.000Air Blank 04:57

# 1Subject Sample 05:00 No Sample Provided

0.000Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.142Subject Sample 05:03

1.425Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 3 0.139Subject Sample 05:06

1.296Breath Volume 05:06

0.000Air Blank 05:07

0.078Control Test 05:07

0.000Air Blank 05:08

OKDiagnostics Check 05:08

Data Download Date/Time: 10/31/2019 21:20

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3510/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:22

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

VAZQUEZ ROLON

10/04/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

# 1 0.095Subject Sample 03:49

1.800Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.100Subject Sample 03:51

2.507Breath Volume 03:51

Air Blank 03:52 RFI Detect

0.000Air Blank 03:52

Data Download Date/Time: 11/26/2019 13:53

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:1310/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

03:22

Osceola County SO

LYONS,DANIEL

12/05/2019

646645

Osceola County SO

LYONS,DANIEL,E

VAZQUEZ ROLON

10/04/2019

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:55

0.000Air Blank 03:56

# 1 0.100Subject Sample 03:56

2.312Breath Volume 03:56

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.096Subject Sample 03:59

1.921Breath Volume 03:59

0.000Air Blank 04:00

0.079Control Test 04:00

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 11/26/2019 13:53

14 January 2020Printed:

COBRA ©1997-2014 CMI, Inc.


