
80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:5304/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:41

HIALEAH GARDENS PD

HUERTA,EDWIN

09/05/2019

19817080A2

HIALEAH GARDENS PD

HUERTA,EDWIN,

PEREZ

03/27/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:40

0.078Control Test 00:40

0.000Air Blank 00:41

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.078Control Test 00:42

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 05/01/2019 09:40

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:22:0804/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:47

06:08

MEDLEY PD

DORISMOND,WISNER

09/05/2019

19817080A2

MEDLEY PD

DORISMOND,WISNER,

MARTINEZ ORTIZ

03/27/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:15

0.000Air Blank 07:16

0.078Control Test 07:16

0.000Air Blank 07:17

# 1 0.178Subject Sample 07:17

2.000Breath Volume 07:17

0.000Air Blank 07:18

0.000Air Blank 07:20

# 2 0.163Subject Sample 07:20

2.746Breath Volume 07:20

0.000Air Blank 07:21

0.077Control Test 07:21

0.000Air Blank 07:22

OKDiagnostics Check 07:22

Data Download Date/Time: 05/01/2019 09:40

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001275CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4404/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:58

HIALEAH GARDENS PD

HUERTA,EDWIN

09/05/2019

19817080A2

HIALEAH GARDENS PD

HUERTA,EDWIN,

SUAREZ MEDINA

03/27/2019

8100.27

HIALEAH GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.078Control Test 02:39

0.000Air Blank 02:39

# 1 0.197Subject Sample 02:42

1.550Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 2 0.194Subject Sample 02:47

1.320Breath Volume 02:47

0.000Air Blank 02:47

0.075Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 05/01/2019 09:40

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:0004/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

09:20

09:00

MIAMI BEACH PD

MILLAN,KEVIN

02/05/2020

34917080A4

MIAMI BEACH PD

MILLAN,KEVIN,

TEST

03/22/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:09

0.000Air Blank 10:10

0.083Control Test 10:10

0.000Air Blank 10:11

# 1 0.000Subject Sample 10:11

2.828Breath Volume 10:11

0.000Air Blank 10:12

0.000Air Blank 10:14

# 2 0.000Subject Sample 10:14

1.843Breath Volume 10:14

0.000Air Blank 10:15

0.078Control Test 10:15

0.000Air Blank 10:15

OKDiagnostics Check 10:16

Data Download Date/Time: 04/10/2019 08:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:40:1604/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

10:00

09:45

MIAMI BEACH PD

MILLAN,KEVIN

02/05/2020

34917080A4

MIAMI BEACH PD

MILLAN,KEVIN,

TEST

03/22/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:34

0.000Air Blank 10:34

0.078Control Test 10:35

0.000Air Blank 10:35

# 1 0.000Subject Sample 10:35

2.265Breath Volume 10:35

0.000Air Blank 10:36

0.000Air Blank 10:38

# 2 0.000Subject Sample 10:38

2.480Breath Volume 10:38

0.000Air Blank 10:39

0.076Control Test 10:39

0.000Air Blank 10:40

OKDiagnostics Check 10:40

Data Download Date/Time: 04/10/2019 08:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:01:0604/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

10:30

09:30

MIAMI BEACH PD

MILLAN,KEVIN

02/05/2020

34917080A4

MIAMI BEACH PD

MILLAN,KEVIN,

TEST

03/22/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:55

0.000Air Blank 10:55

0.078Control Test 10:55

0.000Air Blank 10:56

# 1 0.000Subject Sample 10:56

1.851Breath Volume 10:56

0.000Air Blank 10:57

0.000Air Blank 10:59

# 2Subject Sample 10:59 Slope Not Met

1.363Breath Volume 10:59

0.000Air Blank 11:00

0.078Control Test 11:00

0.000Air Blank 11:00

OKDiagnostics Check 11:01

Data Download Date/Time: 04/10/2019 08:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:3304/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:39

MIAMI-DADE PD

FLORIAN,ROLANDO

02/05/2020

34917080A4

MIAMI-DADE PD

FLORIAN,ROLANDO,I

MARTINEZCARRASQUILLA

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:38

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:5904/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:21

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

EIRANOVA

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.080Control Test 04:07

0.000Air Blank 04:08

# 1 0.152Subject Sample 04:08

3.082Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:10

# 2 0.137Subject Sample 04:11

1.250Breath Volume 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:5604/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:22

OTHER LOCAL

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLE,

ORDONEZ

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1 0.166Subject Sample 02:52

2.253Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.170Subject Sample 02:56

2.605Breath Volume 02:56

0.000Air Blank 02:57

0.079Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2704/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

22:00

OTHER LOCAL

BARDELAS,MAYLEE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLEE,

PADILLA

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

# 1 0.076Subject Sample 22:41

2.730Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.078Subject Sample 22:44

2.929Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:0804/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:43

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MARTINEZ

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

# 1 0.000Subject Sample 01:36

1.449Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.000Subject Sample 01:39

1.929Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:2104/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:23

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

GOMEZ

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

# 1 0.171Subject Sample 03:21

1.585Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.172Subject Sample 03:24

1.664Breath Volume 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:3304/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:54

MIAMI-DADE PD

CASTILLO,JOSUET

02/05/2020

34917080A4

MIAMI-DADE PD

CASTILLO,JOSUET,

WATTS

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:11

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.182Subject Sample 04:13

3.222Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.175Subject Sample 04:16

2.835Breath Volume 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:2904/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:12

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

TAVERA GONZALES

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:25

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:26

# 1 0.192Subject Sample 05:26

3.421Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.191Subject Sample 05:29

4.535Breath Volume 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2104/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:05

MIAMI-DADE PD

KINSEY-SMITH,F

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

COLON

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:17

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.080Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2904/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:53

MIAMI-DADE PD

DAVALOS,DANIEL

02/05/2020

34917080A4

MIAMI-DADE PD

DAVALOS,DANIEL,A

QUEVEDO

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1Subject Sample 01:46 Subject Test Refused

0.000Breath Volume 01:46

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3304/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:00

MIAMI-DADE PD

GUTIERREZ,KRISTINA

02/05/2020

34917080A4

MIAMI-DADE PD

GUTIERREZ,KRISTINA,L

MORENO

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.080Control Test 03:51

0.000Air Blank 03:51

# 1Subject Sample 03:54 No Sample Provided

0.000Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.104Subject Sample 04:00

1.144Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:02

# 3 0.100Subject Sample 04:03

1.902Breath Volume 04:03

0.000Air Blank 04:04

0.079Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:2504/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:39

04:29

OTHER LOCAL

BARDELAS,MAYLEE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLEE,

BELARDI-GONZALEZ

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

# 1 0.233Subject Sample 05:04

1.527Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:06

# 2 0.241Subject Sample 05:07

2.800Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:02:2304/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:20

06:10

MIAMI-DADE PD

PACHECO,GEORGE

02/05/2020

34917080A4

MIAMI-DADE PD

PACHECO,GEORGE,

PHANOR

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:55

0.000Air Blank 07:56

0.079Control Test 07:56

0.000Air Blank 07:57

# 1 0.140Subject Sample 07:57

1.453Breath Volume 07:57

0.000Air Blank 07:58

0.000Air Blank 07:59

# 2 0.137Subject Sample 08:00

2.289Breath Volume 08:00

0.000Air Blank 08:01

0.080Control Test 08:01

0.000Air Blank 08:02

OKDiagnostics Check 08:02

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5304/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:28

MIAMI-DADE PD

VARGAS,D

02/05/2020

34917080A4

MIAMI-DADE PD

VARGAS,D,

VARGAS

03/06/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:27

0.000Air Blank 00:28

# 1 0.196Subject Sample 00:29

1.375Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.205Subject Sample 00:32

2.132Breath Volume 00:32

0.000Air Blank 00:32

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 04/18/2019 09:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:3404/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:10

MIAMI-DADE PD

CASTILLO,JOSUET

02/05/2020

34917080A4

MIAMI-DADE PD

CASTILLO,JOSUET,

RAMOS-DIAZ

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:53:4504/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

07:17

OTHER LOCAL

CUAN,RALPH

02/05/2020

34917080A4

OTHER LOCAL

CUAN,RALPH,B

LOPEZ

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:50

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:51

# 1Subject Sample 07:52 Subject Test Refused

0.000Breath Volume 07:52

0.000Air Blank 07:52

0.080Control Test 07:53

0.000Air Blank 07:53

OKDiagnostics Check 07:53

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:2804/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:03

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

JULAJUJ JULAJUJ

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.080Control Test 05:01

0.000Air Blank 05:02

# 1 0.142Subject Sample 05:03

1.335Breath Volume 05:03

0.000Air Blank 05:04

0.000Air Blank 05:06

# 2 0.140Subject Sample 05:07

1.941Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:0904/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

05:17

OTHER LOCAL

SIDDO,RAAJU

02/05/2020

34917080A4

OTHER LOCAL

SIDDO,RAAJU,S

SANCHEZ

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:43

0.000Air Blank 05:43

0.081Control Test 05:43

0.000Air Blank 05:44

# 1 0.043Subject Sample 05:46

1.812Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.038Subject Sample 05:49

1.863Breath Volume 05:49

0.000Air Blank 05:50

0.078Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:0804/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:32

MIAMI-DADE PD

GUTIERREZ,KRISTINA

02/05/2020

34917080A4

MIAMI-DADE PD

GUTIERREZ,KRISTINA,L

GREEN

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:22

# 1 0.134Subject Sample 23:23

1.253Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.141Subject Sample 23:26

1.582Breath Volume 23:26

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0804/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

02:54

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

ELIAS

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:35

0.081Control Test 04:35

0.000Air Blank 04:36

# 1Subject Sample 04:36 Subject Test Refused

0.000Breath Volume 04:36

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

OKDiagnostics Check 04:38

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:4004/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:10

MIAMI-DADE PD

DOTY,G

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

ARNOLD

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

# 1 0.171Subject Sample 05:12

1.710Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.174Subject Sample 05:16

1.527Breath Volume 05:16

0.000Air Blank 05:16

0.079Control Test 05:17

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:45:1304/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

06:41

OTHER LOCAL

CUAN,RALPH

02/05/2020

34917080A4

OTHER LOCAL

CUAN,RALPH,B

ALMIRA

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.080Control Test 07:39

0.000Air Blank 07:39

# 1 0.096Subject Sample 07:40

1.394Breath Volume 07:40

0.000Air Blank 07:41

0.000Air Blank 07:42

# 2 0.094Subject Sample 07:43

1.542Breath Volume 07:43

0.000Air Blank 07:44

0.080Control Test 07:44

0.000Air Blank 07:45

OKDiagnostics Check 07:45

Data Download Date/Time: 05/30/2019 08:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:1104/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:21

03:41

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

02/05/2020

34917080A4

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

ONGAY

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:43

0.080Control Test 04:43

0.000Air Blank 04:44

# 1 0.033Subject Sample 04:44

2.382Breath Volume 04:44

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.032Subject Sample 04:48

2.574Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 05/30/2019 08:01

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:4004/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:58

OTHER LOCAL

BARDELAS,MAYLE

02/05/2020

34917080A4

OTHER LOCAL

BARDELAS,MAYLEE,

RAMIREZ RIOS

04/18/2019

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:48

0.000Air Blank 06:49

0.080Control Test 06:49

0.000Air Blank 06:50

# 1 0.154Subject Sample 06:50

1.878Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.149Subject Sample 06:54

2.042Breath Volume 06:54

0.000Air Blank 06:55

0.078Control Test 06:56

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 05/30/2019 08:01

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:2804/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:13

21:15

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

YOHN,A,W

LIU

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:34

# 1 0.109Subject Sample 22:35

1.613Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.107Subject Sample 22:38

1.785Breath Volume 22:38

0.000Air Blank 22:39

0.080Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4604/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:05

Jacksonville SO

RODRIGUEZ,M

05/05/2020

05218080A3

Jacksonville SO

LEVERETT,I,

RACHEL

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.082Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:3404/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:44

19:32

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

YOHN,A,W

ISMA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:04

0.000Air Blank 21:04

0.081Control Test 21:05

0.000Air Blank 21:05

# 1 0.163Subject Sample 21:06

1.941Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.159Subject Sample 21:09

3.195Breath Volume 21:09

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:5904/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

18:13

Jacksonville SO

MOELLER,R

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

KENNEDY

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:26

0.000Air Blank 20:26

0.080Control Test 20:26

0.000Air Blank 20:27

# 1Subject Sample 20:27 Subject Test Refused

0.000Breath Volume 20:27

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:1804/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

19:59

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

COIL

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.081Control Test 21:25

0.000Air Blank 21:25

# 1Subject Sample 21:25 Subject Test Refused

0.000Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:0704/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:10

Jacksonville SO

STANLEY,T

05/05/2020

05218080A3

Jacksonville SO

GONZALEZ,J,

HANEY

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.081Control Test 22:41

0.000Air Blank 22:41

# 1 0.273Subject Sample 22:42

3.660Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.271Subject Sample 22:45

2.890Breath Volume 22:45

0.000Air Blank 22:46

0.080Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:3904/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:15

16:50

Jacksonville SO

EANES,J

05/05/2020

05218080A3

Jacksonville SO

PAGE,D,K

JUSTISS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:35

0.000Air Blank 18:35

0.081Control Test 18:36

0.000Air Blank 18:36

# 1 0.053Subject Sample 18:37

2.714Breath Volume 18:37

0.000Air Blank 18:37

0.000Air Blank 18:39

# 2 0.052Subject Sample 18:40

2.312Breath Volume 18:40

0.000Air Blank 18:40

0.080Control Test 18:41

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:23:3104/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:00

06:06

Jacksonville SO

TORRES,W

05/05/2020

05218080A3

Neptune Beach PD

DASHER,JOSHUA,L

DURAN

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:20

0.000Air Blank 08:21

0.081Control Test 08:21

0.000Air Blank 08:21

# 1Subject Sample 08:22 Subject Test Refused

0.000Breath Volume 08:22

0.000Air Blank 08:22

0.081Control Test 08:22

0.000Air Blank 08:23

OKDiagnostics Check 08:23

Data Download Date/Time: 04/16/2019 15:19

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:1404/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:19

18:16

Jacksonville SO

WALL,C

05/05/2020

05218080A3

Jacksonville SO

YOHN,A,W

ROBERTS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:39

0.000Air Blank 19:39

0.080Control Test 19:40

0.000Air Blank 19:40

# 1Subject Sample 19:40 Subject Test Refused

0.000Breath Volume 19:40

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:15:0704/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

18:41

Jacksonville SO

DOUGHFMAN,D

05/05/2020

05218080A3

Jacksonville SO

YOHN,A,W

BIK

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:08

0.000Air Blank 21:08

0.080Control Test 21:09

0.000Air Blank 21:09

# 1 0.000Subject Sample 21:10

1.445Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:13

# 2 0.000Subject Sample 21:13

1.785Breath Volume 21:13

0.000Air Blank 21:14

0.080Control Test 21:14

0.000Air Blank 21:15

OKDiagnostics Check 21:15

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4104/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:35

Jacksonville SO

MOELLER,R

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

BOWLES

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:53

0.000Air Blank 01:53

# 1 0.149Subject Sample 01:55

1.281Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.159Subject Sample 01:58

1.492Breath Volume 01:58

0.000Air Blank 01:58

0.080Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5804/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:21

Jacksonville SO

KASSIS,F

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

MAYORGA VILLEDA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

# 1 0.076Subject Sample 04:29

2.367Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.075Subject Sample 04:32

2.812Breath Volume 04:32

0.000Air Blank 04:33

0.081Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:0304/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:39

00:10

Jacksonville SO

RODRIGUEZ,M

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

MAZZA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.081Control Test 02:00

0.000Air Blank 02:01

# 1 0.220Subject Sample 02:01

2.480Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.214Subject Sample 02:04

1.933Breath Volume 02:04

0.000Air Blank 02:05

0.081Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:06

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:2504/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

03:06

Jacksonville SO

SORRELLS,M

05/05/2020

05218080A3

Jacksonville Beach

ROBERTS,CHUCK,E

MITCHELL

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.081Control Test 05:17

0.000Air Blank 05:18

# 1 0.158Subject Sample 05:18

1.753Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.167Subject Sample 05:21

2.351Breath Volume 05:21

0.000Air Blank 05:22

0.081Control Test 05:22

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2004/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:13

Jacksonville SO

JOHNSON,GREGORY

05/05/2020

05218080A3

FHP Troop G

HAYNES,JAMES,W

ANKERSEN

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.197Subject Sample 02:19

3.921Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.187Subject Sample 02:22

4.023Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0704/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:28

01:59

Jacksonville SO

STANLEY,T

05/05/2020

05218080A3

Jacksonville SO

HAYNES,JAMES,W

MELCHI

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.080Control Test 03:49

0.000Air Blank 03:50

# 1 0.242Subject Sample 03:50

2.632Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.232Subject Sample 03:53

2.558Breath Volume 03:53

0.000Air Blank 03:54

0.081Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:1704/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:52

21:12

Jacksonville SO

BRIDWELL,C

05/05/2020

05218080A3

FFWCC (Lake City)

ROBERTS,CHUCK,E

SANTIAGO-MERCADO

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

# 1 0.102Subject Sample 00:13

3.054Breath Volume 00:13

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.105Subject Sample 00:16

3.089Breath Volume 00:16

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:4904/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:37

03:40

Jacksonville SO

CHAVEZ,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

SERIO

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

# 1 0.127Subject Sample 04:59

1.640Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:01

# 2 0.132Subject Sample 05:02

2.195Breath Volume 05:02

0.000Air Blank 05:02

0.080Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:24:1304/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:56

04:31

Jacksonville SO

SIMMONS,M

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

STRATTON

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.081Control Test 06:22

0.000Air Blank 06:22

# 1Subject Sample 06:22 Subject Test Refused

0.000Breath Volume 06:22

0.000Air Blank 06:23

0.080Control Test 06:23

0.000Air Blank 06:24

OKDiagnostics Check 06:24

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:1504/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:14

Jacksonville SO

BYRNE,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

ROMINES

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

# 1Subject Sample 03:33 Subject Test Refused

0.000Breath Volume 03:33

0.000Air Blank 03:34

0.080Control Test 03:34

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:2304/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:20

Jacksonville SO

BYRNE,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

STICKLER

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.081Control Test 21:51

0.000Air Blank 21:51

# 1Subject Sample 21:51 Slope Not Met

0.925Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:0204/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:20

Jacksonville SO

BYRNE,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

STICKLER

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.081Control Test 21:56

0.000Air Blank 21:57

# 1 0.318Subject Sample 21:57

2.414Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 21:59

# 2 0.309Subject Sample 22:00

2.031Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

OKDiagnostics Check 22:02

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:3604/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

00:07

Jacksonville SO

NEWKIRK,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

BRYANT

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.082Control Test 03:36

0.000Air Blank 03:36

# 1 0.000Subject Sample 03:37

2.632Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.000Subject Sample 03:40

3.152Breath Volume 03:40

0.000Air Blank 03:40

0.081Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/16/2019 15:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3104/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

03:21

02:32

Jacksonville SO

CARTER,L

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

MCDONALD

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:42

# 1Subject Sample 03:43 Subject Test Refused

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4204/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

21:15

Jacksonville SO

FILBERT,E

05/05/2020

05218080A3

Jacksonville Beach

ROBERTS,CHUCK,E

BRADY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:55

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.081Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5504/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

23:05

Jacksonville SO

HILLIER,J

05/05/2020

05218080A3

Jacksonville SO

ROBERTS,CHUCK,E

HOLMES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1 0.201Subject Sample 01:08

2.894Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.200Subject Sample 01:11

2.625Breath Volume 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:14:0704/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:47

17:48

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

FUTCH

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:08

0.000Air Blank 20:08

0.082Control Test 20:08

0.000Air Blank 20:09

# 1 0.000Subject Sample 20:09

2.132Breath Volume 20:09

0.000Air Blank 20:10

0.000Air Blank 20:12

# 2 0.000Subject Sample 20:12

2.152Breath Volume 20:12

0.000Air Blank 20:13

0.081Control Test 20:13

0.000Air Blank 20:14

OKDiagnostics Check 20:14

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:0304/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:52

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

BARCLAY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.081Control Test 00:00

0.000Air Blank 00:01

# 1 0.232Subject Sample 00:01

2.511Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:03

# 2 0.222Subject Sample 00:04

1.652Breath Volume 00:04

0.000Air Blank 00:05

0.081Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:06

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:1504/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

23:55

Jacksonville SO

JOHNS,B

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

FITZPATRICK

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:34

0.081Control Test 01:35

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:36

0.082Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2304/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:31

02:25

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

MORALES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.081Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:44:4104/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

04:08

Jacksonville SO

JOHNS,B

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

HUTCHINS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:42

0.081Control Test 06:42

0.000Air Blank 06:43

# 1Subject Sample 06:43 Subject Test Refused

0.000Breath Volume 06:43

0.000Air Blank 06:43

0.081Control Test 06:44

0.000Air Blank 06:44

OKDiagnostics Check 06:44

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:16:5904/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:50

07:29

Jacksonville SO

ANDRES,J

08/05/2020

17618080A3

Jacksonville SO

PAGE,D,K

GODINEZ CARRILLO

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:10

0.000Air Blank 10:11

0.081Control Test 10:11

0.000Air Blank 10:12

# 1 0.202Subject Sample 10:12

2.773Breath Volume 10:12

0.000Air Blank 10:13

0.000Air Blank 10:15

# 2 0.196Subject Sample 10:15

2.015Breath Volume 10:15

0.000Air Blank 10:16

0.081Control Test 10:16

0.000Air Blank 10:16

OKDiagnostics Check 10:16

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:4504/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

01:25

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

DYE

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.081Control Test 03:07

0.000Air Blank 03:07

# 1 0.286Subject Sample 03:09

1.824Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.299Subject Sample 03:12

2.378Breath Volume 03:12

0.000Air Blank 03:12

0.079Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:3904/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:49

20:00

Jacksonville SO

EANES,J

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

MITCHELL

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.080Control Test 21:10

0.000Air Blank 21:11

# 1 0.107Subject Sample 21:11

1.460Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.112Subject Sample 21:15

1.933Breath Volume 21:15

0.000Air Blank 21:15

0.081Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:0804/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

23:55

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

DUNLAP

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.081Control Test 02:18

0.000Air Blank 02:18

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4104/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:50

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

RAMOUTAR

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1Subject Sample 04:45 Subject Test Refused

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:5204/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:05

Jacksonville SO

BAI,S

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

GUYTON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:49

0.080Control Test 21:49

0.000Air Blank 21:50

# 1 0.150Subject Sample 21:50

2.222Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:52

# 2 0.156Subject Sample 21:53

1.742Breath Volume 21:53

0.000Air Blank 21:53

0.081Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:0304/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

22:58

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

MCDONALD,M,R

GALLENTINE

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:57

0.081Control Test 00:57

0.000Air Blank 00:58

# 1 0.239Subject Sample 00:59

1.925Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.240Subject Sample 01:03

2.027Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:04

OKDiagnostics Check 01:05

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:3104/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

00:02

Jacksonville SO

BYRNE,J

08/05/2020

17618080A3

Jacksonville SO

MCDONALD,M,R

VEIGA

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

# 1 0.123Subject Sample 02:10 Volume Not Met

0.148Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:12

# 2 0.141Subject Sample 02:16 Volume Not Met

0.531Breath Volume 02:16

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0404/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:10

Jacksonville SO

HIXSON,C

08/05/2020

17618080A3

Jacksonville SO

MCDONALD,M,R

ORTIZ ORTIZ

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:48

0.000Air Blank 03:48

# 1 0.107Subject Sample 03:49

1.652Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.109Subject Sample 03:52

1.363Breath Volume 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:54

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:57:2004/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:34

11:45

Jacksonville SO

TURPIN,D

08/05/2020

17618080A3

Jacksonville Beach

YOHN,A,W

FAIRMAN

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:54

0.000Air Blank 13:54

0.079Control Test 13:55

0.000Air Blank 13:55

# 1Subject Sample 13:55 Subject Test Refused

0.000Breath Volume 13:55

0.000Air Blank 13:56

0.080Control Test 13:56

0.000Air Blank 13:57

OKDiagnostics Check 13:57

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:13:3204/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

00:30

Jacksonville SO

FILBERT,E

08/05/2020

17618080A3

Jacksonville Beach

DASHER,JOSHUA,L

REID

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:05

0.000Air Blank 04:06

0.081Control Test 04:06

0.000Air Blank 04:06

# 1 0.124Subject Sample 04:09

1.222Breath Volume 04:09

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.127Subject Sample 04:12

1.355Breath Volume 04:12

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

OKDiagnostics Check 04:13

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:4704/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:22

19:37

Jacksonville SO

HASKINS,L

08/05/2020

17618080A3

FFWCC (Lake City)

DASHER,JOSHUA,L

KING

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.081Control Test 20:43

0.000Air Blank 20:44

# 1Subject Sample 20:44 Subject Test Refused

0.000Breath Volume 20:44

0.000Air Blank 20:44

0.080Control Test 20:45

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4804/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

23:48

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

DASHER,JOSHUA,L

PAOLINI

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

# 1Subject Sample 01:06 Subject Test Refused

0.000Breath Volume 01:06

0.000Air Blank 01:06

0.081Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2504/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:04

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

DASHER,JOSHUA,L

RAHN

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.105Subject Sample 03:24

1.632Breath Volume 03:24

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.105Subject Sample 03:27

1.476Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:10:0904/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

15:28

Jacksonville SO

TUCKER,S

08/05/2020

17618080A3

Jacksonville SO

GONZALEZ,J,

LEWIS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:03

0.000Air Blank 17:03

0.081Control Test 17:04

0.000Air Blank 17:04

# 1 0.130Subject Sample 17:05

2.183Breath Volume 17:05

0.000Air Blank 17:06

0.000Air Blank 17:08

# 2 0.120Subject Sample 17:08

2.636Breath Volume 17:08

0.000Air Blank 17:09

0.080Control Test 17:09

0.000Air Blank 17:10

OKDiagnostics Check 17:10

Data Download Date/Time: 05/01/2019 13:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:0104/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

22:10

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

PEREZ HERNANDEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

# 2 0.181Subject Sample 23:59

1.539Breath Volume 23:59

0.000Air Blank 23:59

0.000Air Blank 00:01

# 1 0.175Subject Sample 00:02

1.390Breath Volume 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:03

OKDiagnostics Check 00:04

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5804/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:09

23:00

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

HERRON

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

# 1 0.204Subject Sample 00:32

1.945Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.203Subject Sample 00:35

2.933Breath Volume 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:5604/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:27

Jacksonville SO

FILBERT,E

08/05/2020

17618080A3

Jacksonville Beach

LEVERETT,I,

MARTINEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.081Control Test 03:53

0.000Air Blank 03:53

# 1 0.205Subject Sample 03:54

2.265Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.204Subject Sample 03:57

1.988Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2304/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:00

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

UNDERWOOD

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

# 1 0.141Subject Sample 23:17

3.308Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.139Subject Sample 23:20

2.917Breath Volume 23:20

0.000Air Blank 23:21

0.081Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:1004/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

23:30

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

RIDOUT

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:01

# 1 0.135Subject Sample 01:01

1.691Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.138Subject Sample 01:04

1.683Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1504/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:38

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

SKIPPER

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.078Control Test 01:57

0.000Air Blank 01:57

# 1 0.172Subject Sample 02:01 Volume Not Met

0.292Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.160Subject Sample 02:06 Volume Not Met

0.015Breath Volume 02:06

0.000Air Blank 02:07

0.081Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2804/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:28

02:18

Jacksonville SO

SORRELLS,M

08/05/2020

17618080A3

Jacksonville Beach

BASS,H,P

VALENTINE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.081Control Test 04:51

0.000Air Blank 04:51

# 1Subject Sample 04:52 Subject Test Refused

0.000Breath Volume 04:52

0.000Air Blank 04:52

0.081Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:0404/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

18:53

Jacksonville SO

MORRISON,M

08/05/2020

17618080A3

Jacksonville Beach

YOHN,A,W

COMERFORD

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:50

0.080Control Test 21:50

0.000Air Blank 21:51

# 1Subject Sample 21:51 Subject Test Refused

0.000Breath Volume 21:51

0.000Air Blank 21:52

0.080Control Test 21:52

0.000Air Blank 21:52

OKDiagnostics Check 21:53

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:4704/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

22:34

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

TONA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:33

0.081Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:3804/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

23:09

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

HERRERA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

# 1Subject Sample 01:21 Subject Test Refused

0.000Breath Volume 01:21

0.000Air Blank 01:21

0.081Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5604/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:05

Jacksonville SO

JOHNS,B

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

BOGGS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.081Control Test 03:38

0.000Air Blank 03:39

# 1 0.128Subject Sample 03:39

2.941Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.125Subject Sample 03:42

2.429Breath Volume 03:42

0.000Air Blank 03:43

0.080Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:3404/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:26

03:15

Jacksonville SO

FONTANA,A

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

REESE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:50

0.000Air Blank 05:51

0.081Control Test 05:51

0.000Air Blank 05:52

# 1Subject Sample 05:52 Subject Test Refused

0.000Breath Volume 05:52

0.000Air Blank 05:52

0.081Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:01:1804/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

05:23

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

WENTZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:54

0.000Air Blank 06:55

0.080Control Test 06:55

0.000Air Blank 06:56

# 1 0.037Subject Sample 06:56

1.281Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.039Subject Sample 06:59

1.859Breath Volume 06:59

0.000Air Blank 07:00

0.080Control Test 07:00

0.000Air Blank 07:01

OKDiagnostics Check 07:01

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3604/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

21:45

Jacksonville SO

BYRNE,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

LEWIS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.081Control Test 23:26

0.000Air Blank 23:26

# 1 0.220Subject Sample 23:27

1.574Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.217Subject Sample 23:30

1.593Breath Volume 23:30

0.000Air Blank 23:30

0.081Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:2104/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

22:35

Jacksonville SO

KEEN,C

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

SAGAE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.080Control Test 00:32

0.000Air Blank 00:33

# 1Subject Sample 00:36 No Sample Provided

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2Subject Sample 00:38 Subject Test Refused

0.000Breath Volume 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4704/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

23:45

Jacksonville SO

SOSA,C

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

DE LA CRUZ CHAVEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:39

# 1 0.187Subject Sample 02:40

1.472Breath Volume 02:40

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.195Subject Sample 02:43

1.253Breath Volume 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:3104/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:05

Jacksonville SO

EANES,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

BARKSDALE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.080Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0704/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:24

Jacksonville SO

BYRNE,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

BUESO VASQUEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.081Control Test 00:03

0.000Air Blank 00:03

# 1Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:5404/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:41

Jacksonville SO

CHAVEZ,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

PAULK JR

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.081Control Test 01:40

0.000Air Blank 01:40

# 1 0.097Subject Sample 01:41

3.167Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:43

# 2 0.098Subject Sample 01:44

3.101Breath Volume 01:44

0.000Air Blank 01:44

0.081Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:3804/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:17

Jacksonville SO

DZAMKO,J

08/05/2020

17618080A3

Neptune Beach PD

SUTTON,BRADEN,J

AGEE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.079Subject Sample 04:11

1.644Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.078Subject Sample 04:14

2.382Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:2604/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

05:26

Jacksonville SO

SPLATT,R

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

JOHNSON

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:52

0.000Air Blank 05:53

0.081Control Test 05:53

0.000Air Blank 05:54

# 1 0.120Subject Sample 05:54

2.332Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:57

# 2 0.117Subject Sample 05:57

2.578Breath Volume 05:57

0.000Air Blank 05:58

0.081Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:2704/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:28

Jacksonville SO

BYRNE,J.F.

08/05/2020

17618080A3

Jacksonville SO

VOUMARD,MARCEL,J

WHITE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

# 1 0.000Subject Sample 21:58

2.761Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.000Subject Sample 22:01

1.468Breath Volume 22:01

0.000Air Blank 22:01

0.081Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0604/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:02

Jacksonville SO

DZAMKO,J

08/05/2020

17618080A3

Neptune Beach PD

SUTTON,BRADEN,J

JOHNSON

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.121Subject Sample 23:33

3.062Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.118Subject Sample 23:36

3.250Breath Volume 23:36

0.000Air Blank 23:37

0.080Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:2804/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:44

Jacksonville SO

JENSEN,D

08/05/2020

17618080A3

Neptune Beach PD

SUTTON,BRADEN,J

PIPPINS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:12

# 1 0.136Subject Sample 00:12

1.699Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.152Subject Sample 00:15

2.230Breath Volume 00:15

0.000Air Blank 00:16

0.080Control Test 00:16

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:1604/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:28

23:22

Jacksonville SO

FILBERT,E

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

LOZANO

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

# 1 0.183Subject Sample 01:51

2.390Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.185Subject Sample 01:54

2.289Breath Volume 01:54

0.000Air Blank 01:55

0.081Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4604/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:16

Jacksonville SO

CHAVEZ,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

FIORE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1Subject Sample 04:45 Subject Test Refused

0.000Breath Volume 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

OKDiagnostics Check 04:46

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2404/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

23:45

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

HERNANDEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:43

# 1Subject Sample 01:44 Subject Test Refused

0.000Breath Volume 01:44

0.000Air Blank 01:44

0.081Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:0204/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:09

Jacksonville SO

BYRNE,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

WILLIAMS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.081Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:12

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:3004/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:43

17:10

Jacksonville SO

HARPER,T

08/05/2020

17618080A3

Jacksonville Beach

LEVERETT,I,

LEWIN

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.080Control Test 20:05

0.000Air Blank 20:05

# 1 0.222Subject Sample 20:06

1.789Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.202Subject Sample 20:09

1.113Breath Volume 20:09

0.000Air Blank 20:10

0.081Control Test 20:10

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2304/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:36

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

WILEY

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.081Control Test 23:35

0.000Air Blank 23:36

# 1 0.103Subject Sample 23:36

1.171Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.093Subject Sample 23:42 Volume Not Met

0.035Breath Volume 23:42

0.000Air Blank 23:42

0.000Air Blank 23:44

# 3 0.092Subject Sample 23:45

1.113Breath Volume 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:41:4504/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

15:56

Jacksonville SO

MUIRHEAD,B

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

ZMUDA

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:34

0.000Air Blank 17:35

0.080Control Test 17:35

0.000Air Blank 17:35

# 1 0.153Subject Sample 17:37

1.507Breath Volume 17:37

0.000Air Blank 17:37

0.000Air Blank 17:39

# 2 0.151Subject Sample 17:40

2.644Breath Volume 17:40

0.000Air Blank 17:40

0.080Control Test 17:41

0.000Air Blank 17:41

OKDiagnostics Check 17:41

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:2004/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

22:13

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

PRUETT,RICHARD,L

CUMMONS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:45

0.080Control Test 23:46

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4604/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

23:56

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

PRUETT,RICHARD,L

KOVAL

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:13

# 1 0.176Subject Sample 01:14

1.675Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 2 0.192Subject Sample 01:17

2.500Breath Volume 01:17

0.000Air Blank 01:17

0.079Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1604/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

00:45

Jacksonville SO

WHITE,J

08/05/2020

17618080A3

Jacksonville SO

PRUETT,RICHARD,L

BROOKS

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.081Control Test 02:15

0.000Air Blank 02:16

# 1 0.128Subject Sample 02:16

2.523Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.128Subject Sample 02:19

2.195Breath Volume 02:19

0.000Air Blank 02:20

0.079Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:5304/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

02:36

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

PRUETT,RICHARD,L

WALDEN

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.081Control Test 03:48

0.000Air Blank 03:49

# 1Subject Sample 03:49 Subject Test Refused

0.000Breath Volume 03:49

0.000Air Blank 03:49

0.080Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:3304/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

01:33

Jacksonville SO

SORRELLS,M

08/05/2020

17618080A3

Jacksonville Beach

PRUETT,RICHARD,L

FORCE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.080Control Test 04:27

0.000Air Blank 04:27

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0104/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:16

Jacksonville SO

TORRES,W

08/05/2020

17618080A3

Neptune Beach PD

BASS,H,P

PALAZZOLO

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

# 1 0.118Subject Sample 02:50

1.902Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:52

# 2 0.113Subject Sample 02:53

1.386Breath Volume 02:53

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:55

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:06:3604/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

03:06

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

LEE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

# 1Subject Sample 05:05 Subject Test Refused

0.000Breath Volume 05:05

0.000Air Blank 05:05

0.080Control Test 05:06

0.000Air Blank 05:06

OKDiagnostics Check 05:06

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:3004/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:11

22:29

Jacksonville SO

EANES,J

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

ALDRIDGE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.081Control Test 23:32

0.000Air Blank 23:33

# 1 0.125Subject Sample 23:33

2.031Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.114Subject Sample 23:36

1.222Breath Volume 23:36

0.000Air Blank 23:37

0.081Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:3304/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

22:33

Jacksonville SO

SOSA,C

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

MENNUTI

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.081Control Test 03:39

0.000Air Blank 03:39

# 1 0.000Subject Sample 03:40

2.562Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.000Subject Sample 03:43

2.070Breath Volume 03:43

0.000Air Blank 03:43

0.081Control Test 03:43

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 04/16/2019 15:31

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:4004/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

22:40

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

WHITFIELD JR

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.079Control Test 00:16

0.000Air Blank 00:17

# 1 0.115Subject Sample 00:18

2.000Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.113Subject Sample 00:21

1.914Breath Volume 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 05/01/2019 13:13

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:3704/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:26

Jacksonville SO

BOWERS,D

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

WILSON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.080Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 05/01/2019 13:13

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:2604/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

02:47

Jacksonville SO

BEGO,J

08/05/2020

17618080A3

Jacksonville SO

BASS,H,P

HURST

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:44

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1 0.205Subject Sample 04:45

1.312Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.194Subject Sample 04:48

1.183Breath Volume 04:48

0.000Air Blank 04:49

0.080Control Test 04:49

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:1704/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

17:10

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

WALTERS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:05

# 1Subject Sample 19:05 Interferent Detect

1.792Breath Volume 19:05

0.000Air Blank 19:06

0.080Control Test 19:06

0.000Air Blank 19:07

OKDiagnostics Check 19:07

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:0004/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

17:10

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

WALTERS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:28

# 1Subject Sample 19:29 Interferent Detect

1.914Breath Volume 19:29

0.000Air Blank 19:30

0.081Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:31

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:3104/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:48

23:18

Jacksonville SO

WHITE,J

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

ARMES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:10

0.000Air Blank 01:10

# 1 0.077Subject Sample 01:11

1.207Breath Volume 01:11

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.075Subject Sample 01:14

1.828Breath Volume 01:14

0.000Air Blank 01:14

0.080Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:3104/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:01

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

SUTTON,BRADEN,J

ROBERTS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:17

# 1Subject Sample 23:18 Subject Test Refused

0.000Breath Volume 23:18

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:32:4504/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

02:39

Jacksonville SO

SORRELLS,M

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

DERKACH

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.081Control Test 05:30

0.000Air Blank 05:31

# 1Subject Sample 05:31 Subject Test Refused

0.000Breath Volume 05:31

0.000Air Blank 05:31

0.081Control Test 05:32

0.000Air Blank 05:32

OKDiagnostics Check 05:32

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:5804/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:09

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

COLEY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1 0.106Subject Sample 23:25

2.382Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.111Subject Sample 23:28

1.722Breath Volume 23:28

0.000Air Blank 23:29

0.081Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0904/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:13

Jacksonville SO

CHERENA,F

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

SIMMONS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.081Control Test 01:34

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:1804/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

00:48

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

JOHNSON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

# 1 0.075Subject Sample 02:42

1.773Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.073Subject Sample 02:45

2.007Breath Volume 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:1204/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

02:46

Jacksonville SO

DEAN,M

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

SANTIZ

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1Subject Sample 04:28 Subject Test Refused

0.000Breath Volume 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:5004/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

16:00

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

LEVERETT,I,

WILLIS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:35

0.081Control Test 18:35

0.000Air Blank 18:36

# 1Subject Sample 18:36 Subject Test Refused

0.000Breath Volume 18:36

0.000Air Blank 18:36

0.081Control Test 18:37

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:5304/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

19:38

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

BAGGS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:28

0.081Control Test 21:28

0.000Air Blank 21:29

# 1 0.116Subject Sample 21:29

2.687Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.115Subject Sample 21:32

2.820Breath Volume 21:32

0.000Air Blank 21:32

0.081Control Test 21:33

0.000Air Blank 21:33

OKDiagnostics Check 21:33

Data Download Date/Time: 05/01/2019 13:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:1704/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:40

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

MALONE

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.083Control Test 23:00

0.000Air Blank 23:00

# 1 0.168Subject Sample 23:01

1.753Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.157Subject Sample 23:05

1.363Breath Volume 23:05

0.000Air Blank 23:06

0.082Control Test 23:06

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2204/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:04

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

GLASS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.081Control Test 02:18

0.000Air Blank 02:19

# 1 0.092Subject Sample 02:19

2.027Breath Volume 02:19

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.094Subject Sample 02:22

1.730Breath Volume 02:22

0.000Air Blank 02:23

0.081Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:0504/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:28

Jacksonville SO

DEAN,M

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

GROSS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

# 1Subject Sample 04:57 Subject Test Refused

0.000Breath Volume 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:0704/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

19:30

Jacksonville SO

DOYLE,B

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

ELMORE

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:24

0.000Air Blank 21:24

0.080Control Test 21:25

0.000Air Blank 21:25

# 1 0.178Subject Sample 21:26

1.792Breath Volume 21:26

0.000Air Blank 21:26

0.000Air Blank 21:28

# 2 0.183Subject Sample 21:29

2.742Breath Volume 21:29

0.000Air Blank 21:30

0.081Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1204/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:47

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

CORMIER

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:02

0.081Control Test 01:02

0.000Air Blank 01:03

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.081Control Test 01:04

Air Blank 01:04 RFI Detect

0.000Air Blank 01:05

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2204/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:38

01:47

Jacksonville SO

STANLEY,T

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

KLJUCIC

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.115Subject Sample 03:01

1.527Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.122Subject Sample 03:04

1.191Breath Volume 03:04

0.000Air Blank 03:05

0.081Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:5604/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:35

Jacksonville SO

JOHNSON,G

08/05/2020

17618080A3

FHP Troop G

SCOTT,J,A

MIRANDA COLON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:11

0.078Control Test 21:12

0.000Air Blank 21:12

# 1 0.193Subject Sample 21:13

1.906Breath Volume 21:13

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.183Subject Sample 21:16

2.175Breath Volume 21:16

0.000Air Blank 21:16

0.080Control Test 21:17

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:5704/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:24

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

SCOTT,J,A

TOLLIVER

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.081Control Test 04:37

0.000Air Blank 04:38

# 1Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:3504/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

17:59

Jacksonville SO

STANLEY,T

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

BELL

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:02

0.081Control Test 19:03

0.000Air Blank 19:03

# 1 0.000Subject Sample 19:04

3.230Breath Volume 19:04

0.000Air Blank 19:04

0.000Air Blank 19:06

# 2 0.000Subject Sample 19:08

2.992Breath Volume 19:08

0.000Air Blank 19:08

0.080Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:5904/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

20:15

Jacksonville SO

WHITE,J

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

LLOYD

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.081Control Test 22:11

0.000Air Blank 22:12

# 1Subject Sample 22:12 Subject Test Refused

0.000Breath Volume 22:12

0.000Air Blank 22:13

0.081Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:0704/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

23:35

Jacksonville SO

MORGAN,J

08/05/2020

17618080A3

FHP Troop G

SUTTON,BRADEN,J

KIEL JR

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.081Control Test 02:39

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:40

0.081Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:44:4604/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:19

02:38

Jacksonville SO

LAMONT,J

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

DUNKER

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:41

0.000Air Blank 05:42

0.081Control Test 05:42

0.000Air Blank 05:43

# 1Subject Sample 05:43 Subject Test Refused

0.000Breath Volume 05:43

0.000Air Blank 05:43

0.081Control Test 05:44

0.000Air Blank 05:44

OKDiagnostics Check 05:44

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:1204/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:30

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

YOUNG

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.124Subject Sample 01:10

3.855Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.124Subject Sample 01:13

4.062Breath Volume 01:13

0.000Air Blank 01:14

0.081Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:0804/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

21:57

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

SUTTON,BRADEN,J

WALKER

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.081Control Test 23:38

0.000Air Blank 23:38

# 1 0.123Subject Sample 23:39

4.625Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.127Subject Sample 23:42

5.046Breath Volume 23:42

0.000Air Blank 23:43

0.081Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 05/01/2019 13:22

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:3904/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

02:42

Jacksonville SO

NEWMAN,J

08/05/2020

17618080A3

Jacksonville SO

LEVERETT,I,

JOHNSON

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:10

0.080Control Test 04:11

0.000Air Blank 04:11

# 1 0.117Subject Sample 04:12

3.054Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.116Subject Sample 04:15

2.015Breath Volume 04:15

0.000Air Blank 04:15

0.079Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 04/16/2019 15:13

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:3604/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:39

00:42

Jacksonville SO

JOHNSON,A

08/05/2020

17618080A3

Jacksonville SO

BURNS,D,L

PIERRE

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

# 1 0.007Subject Sample 04:52

2.226Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.000Subject Sample 04:55

2.878Breath Volume 04:55

0.000Air Blank 04:55

0.079Control Test 04:56

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 04/16/2019 15:13

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:4804/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

20:59

Jacksonville SO

KEEN,C

08/05/2020

17618080A3

Jacksonville Beach

BURNS,D,L

BROWN

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:33

# 1 0.173Subject Sample 23:34

2.484Breath Volume 23:34

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.175Subject Sample 23:37

2.417Breath Volume 23:37

0.000Air Blank 23:37

0.080Control Test 23:38

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 04/16/2019 15:13

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:0204/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

23:02

Jacksonville SO

EANES,J

08/05/2020

17618080A3

Jacksonville SO

BURNS,D,L

STICKLES

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.184Subject Sample 00:21

2.226Breath Volume 00:21

0.000Air Blank 00:22

0.000Air Blank 00:24

# 2 0.204Subject Sample 00:24

1.675Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:26

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1304/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:06

Jacksonville SO

MILLER,C

08/05/2020

17618080A3

FHP Troop G

BURNS,D,L

HERNANDEZ

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.079Control Test 03:55

0.000Air Blank 03:55

# 1Subject Sample 03:55 Subject Test Refused

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.080Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:00:5804/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

01:09

Jacksonville SO

NEWKIRK,J

08/05/2020

17618080A3

Jacksonville SO

BURNS,D,L

STRINGFIELD

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:55

# 1 0.000Subject Sample 04:56

3.058Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.000Subject Sample 04:59

3.167Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:00

OKDiagnostics Check 05:00

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:52:4004/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:25

13:15

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

CLARIDA,K,M

FRENCH

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:46

0.000Air Blank 14:46

0.079Control Test 14:47

0.000Air Blank 14:47

# 1 0.000Subject Sample 14:48

1.734Breath Volume 14:48

0.000Air Blank 14:48

0.000Air Blank 14:50

# 2 0.000Subject Sample 14:51

2.941Breath Volume 14:51

0.000Air Blank 14:51

0.079Control Test 14:52

0.000Air Blank 14:52

OKDiagnostics Check 14:52

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4004/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:00

Jacksonville SO

RODRIGUEZ,M

08/05/2020

17618080A3

Jacksonville SO

SMITH,A,B

SMITH

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.081Subject Sample 01:35

2.660Breath Volume 01:35

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.081Subject Sample 01:38

3.113Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:5404/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

02:33

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

SMITH,A,B

LLE^HILLERY$RICHARD

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.078Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:51 Subject Test Refused

0.000Breath Volume 03:51

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:3704/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

02:52

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

SMITH,A,B

NEWELL

03/15/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:33 Subject Test Refused

0.000Breath Volume 04:33

0.000Air Blank 04:33

0.079Control Test 04:34

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 04/16/2019 15:14

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:2804/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

23:10

Jacksonville SO

HILLIER,J

08/05/2020

17618080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

BLANEY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:22

0.000Air Blank 02:22

# 1 0.000Subject Sample 02:23

2.976Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.000Subject Sample 02:26

3.171Breath Volume 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:0604/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:18

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

MASTISON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1Subject Sample 23:34 Subject Test Refused

0.000Breath Volume 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:38:4504/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:19

Jacksonville SO

DIAZ,C

08/05/2020

17618080A3

Jacksonville SO

HAND,JARRETT,D

JOHNSON

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:32

0.080Control Test 06:33

0.000Air Blank 06:33

# 1 0.039Subject Sample 06:34

1.371Breath Volume 06:34

0.000Air Blank 06:34

0.000Air Blank 06:36

# 2 0.036Subject Sample 06:37

1.375Breath Volume 06:37

0.000Air Blank 06:37

0.080Control Test 06:38

0.000Air Blank 06:38

OKDiagnostics Check 06:38

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0904/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

00:11

Jacksonville SO

HAWKINS,A

08/05/2020

17618080A3

Jacksonville Beach

BURNS,D,L

JONES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

# 1Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:42

0.080Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:1404/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:36

02:37

Jacksonville SO

SORRELLS,M

08/05/2020

17618080A3

Jacksonville Beach

SUTTON,BRADEN,J

VANDERGRIFF

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:58

# 1Subject Sample 04:59 Subject Test Refused

0.000Breath Volume 04:59

0.000Air Blank 05:00

0.080Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:5104/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:00

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

HAAS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:04

# 1 0.020Subject Sample 22:04

1.988Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.020Subject Sample 22:08

2.628Breath Volume 22:08

0.000Air Blank 22:08

0.080Control Test 22:09

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:1104/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:24

23:46

Jacksonville SO

MOELLER,R

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

REEDHEAD

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.195Subject Sample 00:46

1.625Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.187Subject Sample 00:49

2.117Breath Volume 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:05:1604/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

02:30

Jacksonville SO

HIXSON,C

08/05/2020

17618080A3

Jacksonville SO

MCDONALD,M,R

CANALES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:59

0.000Air Blank 04:59

0.080Control Test 04:59

0.000Air Blank 05:00

# 1 0.016Subject Sample 05:00

2.441Breath Volume 05:00

0.000Air Blank 05:01

0.000Air Blank 05:03

# 2 0.016Subject Sample 05:03

2.789Breath Volume 05:03

0.000Air Blank 05:04

0.080Control Test 05:04

0.000Air Blank 05:05

OKDiagnostics Check 05:05

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:20:2904/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:53

15:06

Jacksonville SO

OREN,K

08/05/2020

17618080A3

Jacksonville SO

SHEPHERD',P,E

JONES

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.079Control Test 18:14

0.000Air Blank 18:15

# 1 0.203Subject Sample 18:15

2.699Breath Volume 18:15

0.000Air Blank 18:16

0.000Air Blank 18:18

# 2 0.184Subject Sample 18:18

1.921Breath Volume 18:18

0.000Air Blank 18:19

0.078Control Test 18:19

0.000Air Blank 18:20

OKDiagnostics Check 18:20

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:2004/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:38

22:22

Jacksonville SO

BYRNE,J

08/05/2020

17618080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

HITCHCOCK

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.079Control Test 00:59

0.000Air Blank 01:00

# 1 0.118Subject Sample 01:00

1.671Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.122Subject Sample 01:03

1.628Breath Volume 01:03

0.000Air Blank 01:04

0.079Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:4504/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

00:01

Jacksonville SO

TORRES,W

08/05/2020

17618080A3

Jacksonville SO

ROSEPILER,JONATHAN,M

BAPTIST

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.080Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:5504/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:09

Jacksonville SO

STANLEY,T

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

NARDONE

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

# 1Subject Sample 00:57 Subject Test Refused

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:4704/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

22:49

Jacksonville SO

JOHNSON,G

08/05/2020

17618080A3

FHP Troop G

ROBERTS,CHUCK,E

ROJAS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.204Subject Sample 01:34

2.011Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.208Subject Sample 01:38

2.585Breath Volume 01:38

0.000Air Blank 01:38

0.079Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:4804/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:01

01:25

Jacksonville SO

DOUGHFMAN,D

08/05/2020

17618080A3

Jacksonville SO

ROBERTS,CHUCK,E

PRATT

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

# 1Subject Sample 02:23 Subject Test Refused

0.000Breath Volume 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4304/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

00:39

Jacksonville SO

MORGAN,J

08/05/2020

17618080A3

FHP Troop G

ROBERTS,CHUCK,E

TIMMONS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.121Subject Sample 03:43

1.496Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.120Subject Sample 03:46

1.488Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:5004/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:38

Jacksonville SO

FISETTE,J

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

JORDAN

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.079Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5504/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:20

Jacksonville SO

CAMACHO,K

08/05/2020

17618080A3

Neptune Beach PD

SCOTT,J,A

HUNTER

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1Subject Sample 01:23 Subject Test Refused

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:4704/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:16

Jacksonville SO

STANLEY,T

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

WILLIAMS

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1Subject Sample 02:47 Subject Test Refused

0.000Breath Volume 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0204/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

23:21

Jacksonville SO

WHITE,J

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

HENRY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.132Subject Sample 00:24

2.308Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.144Subject Sample 00:27

1.894Breath Volume 00:27

0.000Air Blank 00:28

0.079Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:29

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:1104/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

00:16

Jacksonville SO

LUMBAG,J

08/05/2020

17618080A3

Jacksonville SO

SCOTT,J,A

ASHBY

04/16/2019

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 05/01/2019 12:57

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:3304/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:37

FHP Troop B

GANUS,GLEN

12/01/2019

644476

FHP Troop B

GANUS,GLEN,A

RODIGUEZ

03/28/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:41

0.000Air Blank 22:42

0.080Control Test 22:42

0.000Air Blank 22:42

# 1 0.120Subject Sample 22:44

1.878Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:47

# 2 0.116Subject Sample 22:47

1.464Breath Volume 22:47

0.000Air Blank 22:48

0.076Control Test 22:48

0.000Air Blank 22:49

OKDiagnostics Check 22:49

Data Download Date/Time: 05/09/2019 18:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:4604/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

18:45

FHP Troop B

GANUS,GLEN

12/01/2019

644476

FHP Troop B

GANUS,GLEN,A

LAYNE

03/28/2019

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:38

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.080Control Test 20:40

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 05/09/2019 18:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:2804/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:33

18:20

FHP Troop G

MOBLEY,JONATHAN

08/07/2020

823252

FHP Troop G

MOBLEY,JONATHAN,A

HORN

03/28/2019

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.078Control Test 18:55

0.000Air Blank 18:55

# 1 0.153Subject Sample 18:56

3.121Breath Volume 18:56

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.146Subject Sample 18:58

2.777Breath Volume 18:58

0.000Air Blank 18:59

0.078Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 04/30/2019 17:32

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5104/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

02:29

FHP Troop G

NAEYAERT,JEFF

08/07/2020

823252

FHP Troop G

NAEYAERT,JEFF,H

HERRES

03/28/2019

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

# 1 0.177Subject Sample 03:36

1.246Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:38

# 2 0.178Subject Sample 03:39

1.757Breath Volume 03:39

0.000Air Blank 03:39

0.080Control Test 03:40

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 04/30/2019 17:33

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2404/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:42

FHP Troop G

CAULK,DANIEL

08/07/2020

823252

FHP Troop G

HOFMANN,TRAVIS,A

TORRES

03/28/2019

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:32

0.080Control Test 22:33

0.000Air Blank 22:33

# 1 0.126Subject Sample 22:36

1.453Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.129Subject Sample 22:39

1.316Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 04/30/2019 17:33

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:39:3704/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:10

09:15

FHP Troop G

NAEYAERT,JEFF

08/07/2020

823252

FHP Troop G

NAEYAERT,JEFF,H

BELINSKE

03/28/2019

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:33

0.000Air Blank 09:33

0.080Control Test 09:34

0.000Air Blank 09:34

# 1 0.127Subject Sample 09:35

1.203Breath Volume 09:35

0.000Air Blank 09:35

0.000Air Blank 09:37

# 2 0.142Subject Sample 09:38

1.761Breath Volume 09:38

0.000Air Blank 09:38

0.080Control Test 09:39

0.000Air Blank 09:39

OKDiagnostics Check 09:39

Data Download Date/Time: 04/30/2019 17:33

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:47:2604/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

13:15

Bradford County SO

ROONEY,MICHAEL

06/16/2020

AG816701

Starke PD

KONKEL,SCOTT,M

CANADA

03/02/2019

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:41

0.000Air Blank 13:41

0.079Control Test 13:41

0.000Air Blank 13:42

# 1 0.093Subject Sample 13:43

1.292Breath Volume 13:43

0.000Air Blank 13:43

0.000Air Blank 13:45

# 2 0.088Subject Sample 13:45

1.140Breath Volume 13:45

0.000Air Blank 13:46

0.080Control Test 13:46

0.000Air Blank 13:47

OKDiagnostics Check 13:47

Data Download Date/Time: 04/30/2019 13:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:4704/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:35

05:39

Levy County SO

DAVIS,KEVIN

02/26/2020

AG805701

Levy County SO

DOWLING,DAKOTA,A

JONES

03/02/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:07

0.000Air Blank 07:08

0.078Control Test 07:08

0.000Air Blank 07:09

# 1 0.179Subject Sample 07:09

1.437Breath Volume 07:09

0.000Air Blank 07:10

0.000Air Blank 07:12

# 2 0.163Subject Sample 07:13

1.445Breath Volume 07:13

0.000Air Blank 07:13

0.077Control Test 07:14

0.000Air Blank 07:14

OKDiagnostics Check 07:14

Data Download Date/Time: 04/29/2019 18:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4504/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:30

FHP Troop B

GANUS,GLEN

02/26/2020

AG805701

FHP Troop B

GANUS,GLEN,A

BEAN

03/02/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:27

# 1 0.208Subject Sample 03:28

1.503Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.204Subject Sample 03:31

1.234Breath Volume 03:31

0.000Air Blank 03:31

0.079Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 04/29/2019 18:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:0504/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:30

FHP Troop B

GANUS,GLEN

02/26/2020

AG805701

FHP Troop B

GANUS,GLEN,A

ROEHR

03/02/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:39

0.078Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 04/29/2019 18:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:41:4404/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:34

Levy County SO

SULLIVAN,RYAN

02/26/2020

AG805701

Levy County SO

LESHER,TIFFANY,A

FORSYTH

03/02/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:38

0.000Air Blank 18:39

0.079Control Test 18:39

0.000Air Blank 18:40

# 1Subject Sample 18:40 Subject Test Refused

0.000Breath Volume 18:40

0.000Air Blank 18:40

0.079Control Test 18:41

0.000Air Blank 18:41

OKDiagnostics Check 18:41

Data Download Date/Time: 04/29/2019 18:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001292CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:1204/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:18

Levy County SO

PRINE,LEROY

02/26/2020

AG805701

Levy County SO

LESHER,TIFFANY,A

FRANTZ

03/02/2019

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.077Control Test 23:24

0.000Air Blank 23:24

# 1Subject Sample 23:24 Subject Test Refused

0.000Breath Volume 23:24

0.000Air Blank 23:25

0.078Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 04/29/2019 18:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:14:4304/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:12

17:12

Marianna PD

VASSALLO,STEVEN

02/07/2021

906364

Marianna PD

VASSALLO,STEVEN,A

TINSLEY

04/03/2019

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:11

0.000Air Blank 18:12

0.082Control Test 18:12

0.000Air Blank 18:13

# 1Subject Sample 18:13 Subject Test Refused

0.000Breath Volume 18:13

0.000Air Blank 18:13

0.082Control Test 18:14

0.000Air Blank 18:14

OKDiagnostics Check 18:14

Data Download Date/Time: 05/14/2019 15:00

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:26:4604/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

00:30

Bay County SO

NELSON,RYAN

08/12/2019

AG722402

Bay County SO

NELSON,RYAN,D

VEASEY

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:20

0.000Air Blank 13:20

0.081Control Test 13:21

0.000Air Blank 13:21

# 1 0.145Subject Sample 13:22

1.640Breath Volume 13:22

0.000Air Blank 13:22

0.000Air Blank 13:24

# 2 0.148Subject Sample 13:25

1.800Breath Volume 13:25

0.000Air Blank 13:25

0.079Control Test 13:26

0.000Air Blank 13:26

OKDiagnostics Check 13:26

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:0804/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

00:45

FHP Troop A

RUBEL,NEIL

08/12/2019

AG722402

FHP Troop A

RUBEL,NEIL,F

SMITH

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

# 1 0.126Subject Sample 01:47

2.796Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.130Subject Sample 01:50

2.906Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2704/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:18

Bay County SO

BIDWELL,KODY

08/12/2019

AG722402

Panama City PD

FLORES,BARRY,G

BURDETTE

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:48

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

# 1 0.192Subject Sample 03:51

1.855Breath Volume 03:51

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.197Subject Sample 03:54

2.218Breath Volume 03:54

0.000Air Blank 03:55

0.078Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:5404/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:05

Panama City PD

BOHRER,MARK

08/12/2019

AG722402

Panama City PD

BOHRER,MARK,

MACKENZIE

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:55

0.000Air Blank 23:56

0.083Control Test 23:56

0.000Air Blank 23:57

# 2 0.258Subject Sample 23:57

4.078Breath Volume 23:57

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.264Subject Sample 00:00

2.640Breath Volume 00:00

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1804/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:25

Panama City PD

BOHRER,MARK

08/12/2019

AG722402

Panama City PD

BOHRER,MARK,

NEAL

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.080Control Test 03:06

0.000Air Blank 03:07

# 1 0.228Subject Sample 03:07

1.449Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.232Subject Sample 03:10

1.328Breath Volume 03:10

0.000Air Blank 03:11

0.080Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:57:2604/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:25

05:32

Bay County SO

MACIAS,NICK

08/12/2019

AG722402

Bay County SO

POTTER,MONTREZ,R

CECIL

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:46

0.000Air Blank 06:46

0.079Control Test 06:46

0.000Air Blank 06:47

# 1Subject Sample 06:50 No Sample Provided

0.000Breath Volume 06:50

0.000Air Blank 06:50

0.000Air Blank 06:52

# 2Subject Sample 06:56 No Sample Provided

0.000Breath Volume 06:56

0.000Air Blank 06:56

0.081Control Test 06:56

0.000Air Blank 06:57

OKDiagnostics Check 06:57

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:30:1104/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:58

05:32

Bay County SO

MACIAS,NICK

08/12/2019

AG722402

Bay County SO

POTTER,MONTREZ,R

CECIL

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:18

0.000Air Blank 07:19

0.082Control Test 07:19

0.000Air Blank 07:20

# 1Subject Sample 07:23 No Sample Provided

0.000Breath Volume 07:23

0.000Air Blank 07:23

0.000Air Blank 07:25

# 2Subject Sample 07:28 No Sample Provided

0.000Breath Volume 07:28

0.000Air Blank 07:29

0.081Control Test 07:29

0.000Air Blank 07:30

OKDiagnostics Check 07:30

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:20:4804/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:48

14:29

Panama City PD

MCQUEN,STEVE

08/12/2019

AG722402

Bay County SO

ALLYN,WILLIAM,P

BOND

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:13

0.000Air Blank 15:13

0.079Control Test 15:14

0.000Air Blank 15:14

# 1 0.288Subject Sample 15:16

1.253Breath Volume 15:16

0.000Air Blank 15:16

0.000Air Blank 15:18

# 2 0.284Subject Sample 15:19

2.632Breath Volume 15:19

0.000Air Blank 15:19

0.079Control Test 15:20

0.000Air Blank 15:20

OKDiagnostics Check 15:20

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:52:4804/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:26

10:28

Bay County SO

BROGDON',MICHAEL

08/12/2019

AG722402

Bay County SO

FURMAN,FREDDIE,R

CUMBIE

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:46

0.000Air Blank 11:47

0.080Control Test 11:47

0.000Air Blank 11:47

# 1 0.309Subject Sample 11:48

1.140Breath Volume 11:48

0.000Air Blank 11:49

0.000Air Blank 11:50

# 2 0.298Subject Sample 11:51

1.503Breath Volume 11:51

0.000Air Blank 11:51

0.080Control Test 11:52

0.000Air Blank 11:52

OKDiagnostics Check 11:52

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:0704/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

16:15

Bay County SO

RHODES,WILLIAM

08/12/2019

AG722402

Panama City PD

FURMAN,FREDDIE,R

ENGLISH

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.079Control Test 17:25

0.000Air Blank 17:26

# 1 0.310Subject Sample 17:29 Volume Not Met

0.417Breath Volume 17:29

0.000Air Blank 17:30

0.000Air Blank 17:31

# 2 0.345Subject Sample 17:33

1.328Breath Volume 17:33

0.000Air Blank 17:34

0.000Air Blank 17:36

# 3 0.332Subject Sample 17:37

1.367Breath Volume 17:37

0.000Air Blank 17:38

0.076Control Test 17:38

0.000Air Blank 17:39

OKDiagnostics Check 17:39

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:28:1404/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:32

Bay County SO

MERRITT,DAKOTA

08/12/2019

AG722402

Bay County SO

MERRITT,DAKOTA,A

SHOUP

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:22

0.080Control Test 23:22

0.000Air Blank 23:23

# 1 0.218Subject Sample 23:23

3.863Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2 0.216Subject Sample 23:26

3.558Breath Volume 23:26

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

OKDiagnostics Check 23:28

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5804/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

01:19

Bay County SO

PEAVY,DAVID

08/12/2019

AG722402

Parker PD

HARRELL,CHAD,A

OCONNOR

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

# 1 0.245Subject Sample 03:42

2.601Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:44

# 2 0.249Subject Sample 03:45

2.812Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:28:1204/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

17:51

FHP Troop A

RUBEL,NEIL

08/12/2019

AG722402

FHP Troop A

RUBEL,NEIL,F

RICHARDSON

03/27/2019

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:22

# 1 0.258Subject Sample 20:23

2.488Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 2 0.255Subject Sample 20:26

2.453Breath Volume 20:26

0.000Air Blank 20:27

0.080Control Test 20:27

0.000Air Blank 20:28

OKDiagnostics Check 20:28

Data Download Date/Time: 05/01/2019 09:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:1004/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:31

18:43

Niceville PD

SAENZ,MELISSA

12/06/2020

869968

Niceville PD

SAENZ,MELISSA,P

JONES

03/31/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.080Control Test 19:52

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:53

1.375Breath Volume 19:53

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:56

1.332Breath Volume 19:56

0.000Air Blank 19:57

0.081Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 05/05/2019 07:21

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:4804/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:12

Niceville PD

ROBERTS,MELLIE

12/06/2020

869968

Niceville PD

FORDHAM,CHRISTOPHER,D

WILKINSON

03/31/2019

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.234Subject Sample 02:23

2.828Breath Volume 02:23

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.243Subject Sample 02:26

2.511Breath Volume 02:26

0.000Air Blank 02:26

0.079Control Test 02:27

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 05/05/2019 07:21

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:56:5404/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ZERO TOL

20:08

18:45

Walton County SO

GRANDSTAFF,W

04/03/2020

754250

Walton County SO

MILLER,B,M

KEENAN

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:50

0.000Air Blank 20:50

0.080Control Test 20:51

0.000Air Blank 20:51

# 1 0.178Subject Sample 20:52

2.898Breath Volume 20:52

0.000Air Blank 20:53

0.000Air Blank 20:54

# 2 0.182Subject Sample 20:55

2.574Breath Volume 20:55

0.000Air Blank 20:55

0.077Control Test 20:56

0.000Air Blank 20:56

OKDiagnostics Check 20:56

Data Download Date/Time: 05/30/2019 16:36

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2704/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:35

Walton County SO

GUNN,CONNOR

04/03/2020

754250

Walton County SO

GUNN,CONNOR,S

ESPINOZA_MARCIAL

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

# 1 0.206Subject Sample 00:15

2.191Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.209Subject Sample 00:18

2.562Breath Volume 00:18

0.000Air Blank 00:19

0.080Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 05/30/2019 16:36

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:0204/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:47

04:41

Okaloosa County SO

0441,JACOB

04/03/2020

754250

Okaloosa County SO

RACER,JACOB,L

SCHUTTE

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

Air Blank 06:12 RFI Detect

0.000Air Blank 06:13

Data Download Date/Time: 05/30/2019 16:36

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:0104/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:55

04:41

Okaloosa County SO

RACER,JACOB

04/03/2020

754250

Okaloosa County SO

RACER,JACOB,L

SCHUTTE

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:16

0.081Control Test 06:16

0.000Air Blank 06:16

# 1 0.178Subject Sample 06:17

4.003Breath Volume 06:17

0.000Air Blank 06:18

0.000Air Blank 06:19

# 2 0.169Subject Sample 06:20

4.445Breath Volume 06:20

0.000Air Blank 06:21

0.078Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:22

Data Download Date/Time: 05/30/2019 16:36

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:35:5604/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:08

06:00

Okaloosa County SO

BURNHAM,J

04/03/2020

754250

Okaloosa County SO

BURNHAM,J,D

ALVAREZ

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:33

0.080Control Test 07:33

0.000Air Blank 07:34

# 1Subject Sample 07:34 Subject Test Refused

0.000Breath Volume 07:34

0.000Air Blank 07:35

0.080Control Test 07:35

0.000Air Blank 07:35

OKDiagnostics Check 07:35

Data Download Date/Time: 05/30/2019 16:36

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:1004/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

21:35

Walton County SO

SCHULTZ,JEREMY

04/03/2020

754250

Walton County SO

SCHULTZ,JEREMY,J

MOORE

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.079Control Test 23:26

0.000Air Blank 23:26

# 1 0.031Subject Sample 23:27

3.632Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.026Subject Sample 23:30

1.832Breath Volume 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

OKDiagnostics Check 23:32

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:4504/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:54

18:40

DeFuniak Springs PD

YOUNGHANSE,KYLE

04/03/2020

754250

DeFuniak Springs PD

YOUNGHANSE,KYLE,O

HARRISON

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:20

0.080Control Test 19:21

0.000Air Blank 19:21

# 1 0.260Subject Sample 19:22

1.355Breath Volume 19:22

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2 0.256Subject Sample 19:25

2.582Breath Volume 19:25

0.000Air Blank 19:25

0.079Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:1504/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:00

Walton County SO

DAY,JODY

04/03/2020

754250

Walton County SO

DAY,JODY,L

BARNUM

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.081Control Test 02:08

0.000Air Blank 02:08

# 1Subject Sample 02:08 Subject Test Refused

0.000Breath Volume 02:08

0.000Air Blank 02:09

0.081Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:22:0004/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:53

17:46

Walton County SO

WHITAKER,JOHNNY

04/03/2020

754250

FHP Troop A

AVERY,JOHN,W

LABARGE

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:16

# 1 0.276Subject Sample 19:17

2.085Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:19

# 2 0.269Subject Sample 19:20

1.566Breath Volume 19:20

0.000Air Blank 19:21

0.082Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:22

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:0604/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

23:25

Walton County SO

KENNEDY,ROBERT

04/03/2020

754250

Walton County SO

ELLISON,STEVEN,L

TAYLOR

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1 0.185Subject Sample 00:44

1.785Breath Volume 00:44

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.172Subject Sample 00:47

1.328Breath Volume 00:47

0.000Air Blank 00:48

0.081Control Test 00:48

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:4304/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:04

Walton County SO

SAMPSON,DAVID

04/03/2020

754250

Walton County SO

SALAS,LUIS,E

MCGEE

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.190Subject Sample 00:12

1.406Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.190Subject Sample 00:15

1.457Breath Volume 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:10:1204/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:25

16:02

Walton County SO

MILLER,B

04/03/2020

754250

Walton County SO

MILLER,B,M

KING

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:03

0.000Air Blank 18:04

0.081Control Test 18:04

0.000Air Blank 18:05

# 1 0.045Subject Sample 18:05

2.109Breath Volume 18:05

0.000Air Blank 18:06

0.000Air Blank 18:08

# 2 0.044Subject Sample 18:08

2.171Breath Volume 18:08

0.000Air Blank 18:09

0.081Control Test 18:09

0.000Air Blank 18:10

OKDiagnostics Check 18:10

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:24:3204/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:37

10:38

Walton County SO

COLEMAN,THOMAS

04/03/2020

754250

Walton County SO

COLEMAN,THOMAS,H

MCNAIR

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:16

0.000Air Blank 12:17

0.081Control Test 12:17

0.000Air Blank 12:18

# 1 0.323Subject Sample 12:19

1.605Breath Volume 12:19

0.000Air Blank 12:20

0.000Air Blank 12:22

# 2 0.335Subject Sample 12:22

2.054Breath Volume 12:22

0.000Air Blank 12:23

0.080Control Test 12:23

0.000Air Blank 12:24

OKDiagnostics Check 12:24

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:14:2904/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:46

15:16

Walton County SO

GRANDSTAFF,WAYNE

04/03/2020

754250

Walton County SO

GAYDOS,JONATHAN,A

HAYES

04/05/2019

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:07

0.078Control Test 16:08

0.000Air Blank 16:08

# 1 0.139Subject Sample 16:09

1.386Breath Volume 16:09

0.000Air Blank 16:10

0.000Air Blank 16:12

# 2 0.138Subject Sample 16:12

1.734Breath Volume 16:12

0.000Air Blank 16:13

0.079Control Test 16:13

0.000Air Blank 16:14

OKDiagnostics Check 16:14

Data Download Date/Time: 05/30/2019 16:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:4604/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:13

17:13

Okeechobee County SO

POLLOCK,POLLOCK

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

OLDS

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:39

0.000Air Blank 17:40

0.080Control Test 17:40

0.000Air Blank 17:41

# 1Subject Sample 17:41 Subject Test Refused

0.000Breath Volume 17:41

0.000Air Blank 17:41

0.079Control Test 17:42

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:0604/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:33

17:13

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

OLDS

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.080Control Test 17:53

0.000Air Blank 17:54

# 1 0.000Subject Sample 17:54

3.406Breath Volume 17:54

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.000Subject Sample 17:57

3.453Breath Volume 17:57

0.000Air Blank 17:58

0.080Control Test 17:58

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:1604/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:33

Okeechobee County SO

LACERTE,JOEL

08/04/2019

507129

Okeechobee County SO

NICHOLSON,HORACE,O

ALVAREZ

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.268Subject Sample 22:17

2.027Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.283Subject Sample 22:20

1.839Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:49:3004/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:05

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

GOPHER

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1Subject Sample 18:48 Subject Test Refused

0.000Breath Volume 18:48

0.000Air Blank 18:48

0.080Control Test 18:48

0.000Air Blank 18:49

OKDiagnostics Check 18:49

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:4904/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

01:17

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

HOLGUIN

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.157Subject Sample 02:08 Volume Not Met

0.343Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.182Subject Sample 02:12

1.578Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 3 0.154Subject Sample 02:18 Volume Not Met

0.144Breath Volume 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:5304/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:49

Okeechobee County SO

FRANCIS,J

08/04/2019

507129

Okeechobee PD

NICHOLSON,HORACE,O

MCNEIL

03/06/2019

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:26

0.000Air Blank 02:26

# 1 0.000Subject Sample 02:29 Volume Not Met

0.527Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:32

# 2 0.000Subject Sample 02:33

1.105Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 3 0.000Subject Sample 02:36

1.144Breath Volume 02:36

0.000Air Blank 02:36

0.079Control Test 02:37

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 04/15/2019 14:58

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:50:0204/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:05

15:05

Okeechobee PD

MARRERO,RAUL

01/15/2022

1076482

Okeechobee PD

MARRERO,RAUL,E

MEDRANO

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.080Control Test 15:44

0.000Air Blank 15:44

# 1 0.169Subject Sample 15:45

2.707Breath Volume 15:45

0.000Air Blank 15:46

0.000Air Blank 15:47

# 2 0.172Subject Sample 15:48

1.109Breath Volume 15:48

0.000Air Blank 15:49

0.078Control Test 15:49

0.000Air Blank 15:49

OKDiagnostics Check 15:50

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0304/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:58

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

LEON

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.080Control Test 00:37

0.000Air Blank 00:37

# 1 0.109Subject Sample 00:39

1.660Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.104Subject Sample 00:42

1.730Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:44

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:4304/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

01:19

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

PENA SERRANO

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.081Control Test 01:42

0.000Air Blank 01:43

# 1Subject Sample 01:43 Subject Test Refused

0.000Breath Volume 01:43

0.000Air Blank 01:43

0.080Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:4004/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

01:19

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

PENA SERRANO

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.080Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:2704/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:19

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

PENA SERRANO

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

# 1 0.161Subject Sample 01:57

3.035Breath Volume 01:57

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.161Subject Sample 02:00

1.582Breath Volume 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:0504/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

02:19

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

HOYLE

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:0504/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

17:45

Okeechobee County SO

POLLOCK,STEVEN

08/04/2019

507129

Okeechobee County SO

POLLOCK,STEVEN,D

MATIAS LOPEZ

04/15/2019

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.079Control Test 18:32

0.000Air Blank 18:32

# 1 0.243Subject Sample 18:34

1.519Breath Volume 18:34

0.000Air Blank 18:34

0.000Air Blank 18:36

# 2 0.240Subject Sample 18:37

2.433Breath Volume 18:37

0.000Air Blank 18:38

0.078Control Test 18:38

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 05/03/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:3004/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:37

Port St. Lucie PD

BENTLEY,CHRISTOPHER

04/05/2021

03519080A4

Port St. Lucie PD

CHUNN,PETER,E

LAMBIASE

03/28/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1 0.223Subject Sample 01:33

2.371Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.204Subject Sample 01:35

2.187Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 04/29/2019 18:33

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:06:2904/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

18:47

Port St. Lucie PD

TREVISOL,JOSEPH

04/05/2021

03519080A4

Port St. Lucie PD

TREVISOL,JOSEPH,D

SCARBOROUGH

03/28/2019

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:00

0.000Air Blank 19:00

0.081Control Test 19:01

0.000Air Blank 19:01

# 1 0.281Subject Sample 19:02

2.054Breath Volume 19:02

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.274Subject Sample 19:04

1.601Breath Volume 19:04

0.000Air Blank 19:05

0.080Control Test 19:05

0.000Air Blank 19:06

OKDiagnostics Check 19:06

Data Download Date/Time: 04/29/2019 18:33

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:5604/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:37

FHP Troop L

PREVIL,LUXERNE

07/09/2021

980558

FHP Troop L

PREVIL,LUXERNE,

LAVENDER

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.079Control Test 20:57

0.000Air Blank 20:57

# 1 0.111Subject Sample 20:58

3.273Breath Volume 20:58

0.000Air Blank 20:58

0.000Air Blank 21:00

# 2 0.108Subject Sample 21:01

3.457Breath Volume 21:01

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 06/03/2019 02:34

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:3904/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:07

Indian River Co SO

FINNEGON,SGT.

07/09/2021

980558

Indian River Co SO

WILLIAMS,DEPUTY,.

WIESE

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.080Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:46 Subject Test Refused

0.000Breath Volume 23:46

0.000Air Blank 23:46

0.079Control Test 23:47

0.000Air Blank 23:47

OKDiagnostics Check 23:47

Data Download Date/Time: 06/03/2019 02:34

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:4104/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:58

22:21

Indian River Co SO

MCKENZIE,B

07/09/2021

980558

Sebastian PD

SIGNORELLI,ALFRED,W

BAKER

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.082Control Test 23:26

0.000Air Blank 23:26

# 1 0.019Subject Sample 23:27

1.355Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.018Subject Sample 23:30

1.152Breath Volume 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 04/12/2019 06:02

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:4904/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:31

Indian River Co SO

CBRANDES,M

07/09/2021

980558

Sebastian PD

WHILE,C,

HARRISON

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:24

0.000Air Blank 19:25

0.083Control Test 19:25

0.000Air Blank 19:26

# 1 0.034Subject Sample 19:26

1.613Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:28

# 2 0.033Subject Sample 19:29

1.992Breath Volume 19:29

0.000Air Blank 19:29

0.083Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 04/12/2019 06:02

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:1104/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:54

Indian River Co SO

FLORES,D

07/09/2021

980558

Indian River Co SO

WHILE,C,

TAPLEY

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.083Control Test 20:43

0.000Air Blank 20:44

# 1 0.159Subject Sample 20:45

1.277Breath Volume 20:45

0.000Air Blank 20:46

0.000Air Blank 20:48

# 2 0.153Subject Sample 20:48

1.125Breath Volume 20:48

0.000Air Blank 20:49

0.082Control Test 20:49

0.000Air Blank 20:50

OKDiagnostics Check 20:50

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:2704/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:31

Indian River Co SO

MCKENZIE,BRANDON

07/09/2021

980558

Sebastian PD

RAYMOND,FRANK,W

GOODALL

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.082Control Test 00:50

0.000Air Blank 00:50

# 1 0.158Subject Sample 00:53

1.195Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.166Subject Sample 00:57

1.359Breath Volume 00:57

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:29:0904/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:26

Indian River Co SO

RUIZ,M

07/09/2021

980558

Indian River Co SO

GRANDY,KEVIN,

BRYAN

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:16

0.000Air Blank 06:17

0.081Control Test 06:17

0.000Air Blank 06:18

# 1 0.081Subject Sample 06:21 Volume Not Met

0.460Breath Volume 06:21

0.000Air Blank 06:22

0.000Air Blank 06:23

# 2 0.081Subject Sample 06:24

1.878Breath Volume 06:24

0.000Air Blank 06:24

0.000Air Blank 06:26

# 3 0.084Subject Sample 06:27

1.691Breath Volume 06:27

0.000Air Blank 06:28

0.081Control Test 06:28

0.000Air Blank 06:29

OKDiagnostics Check 06:29

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:4204/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:46

Indian River Co SO

MCKENZIE,OFC

07/09/2021

980558

Fellsmere PD

RODRIGUEZ,MAEGAN,R

SHENDELL

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.082Control Test 23:44

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:45

2.382Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:48

2.410Breath Volume 23:48

0.000Air Blank 23:48

0.082Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:5704/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:36

Indian River Co SO

RUIZ,MICHAEL

07/09/2021

980558

Indian River Co SO

KANTORSKI,MARK,A

REED

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:36

# 1Subject Sample 03:36 Subject Test Refused

0.000Breath Volume 03:36

0.000Air Blank 03:37

0.083Control Test 03:37

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:3704/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:57

Indian River Co SO

HATTON,N

07/09/2021

980558

Indian River Co SO

GRANDY,KEVIN,

CLARK

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:14 Subject Test Refused

0.000Breath Volume 02:14

0.000Air Blank 02:14

0.082Control Test 02:15

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1004/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:21

Vero Beach PD

HERNANDEZ,DANIEL

07/09/2021

980558

Vero Beach PD

GREEN,BRIAN,P

MOLES

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.082Control Test 02:27

0.000Air Blank 02:27

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:28

0.083Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:52:4504/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:29

18:53

Indian River Co SO

QUINTERO,B

07/09/2021

980558

Indian River Co SO

WHILE,C,

KEEN

03/04/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:50

0.082Control Test 19:50

0.000Air Blank 19:51

# 1Subject Sample 19:51 Subject Test Refused

0.000Breath Volume 19:51

0.000Air Blank 19:51

0.082Control Test 19:52

0.000Air Blank 19:52

OKDiagnostics Check 19:52

Data Download Date/Time: 04/12/2019 06:03

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:5404/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

01:44

Vero Beach PD

DOTY,JAMES

07/09/2021

980558

Vero Beach PD

KUEHN,KYLE,B

TAYLOR

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.083Control Test 02:44

0.000Air Blank 02:45

# 1 0.076Subject Sample 02:45

1.828Breath Volume 02:45

0.000Air Blank 02:46

0.000Air Blank 02:47

# 2 0.074Subject Sample 02:48

2.269Breath Volume 02:48

0.000Air Blank 02:48

0.083Control Test 02:49

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:5504/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:04

Indian River Co SO

RICHARD,M

07/09/2021

980558

Sebastian PD

HAMILTON,DEVIN,C

CURRIER

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:02

0.082Control Test 03:02

0.000Air Blank 03:03

# 1 0.138Subject Sample 03:04

2.156Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.144Subject Sample 03:08

2.800Breath Volume 03:08

0.000Air Blank 03:08

0.082Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:0204/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:03

Indian River Co SO

MCKENZIE,B

07/09/2021

980558

Sebastian PD

RODRIGUEZ,MAEGAN,R

HERNDON

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:58

0.000Air Blank 20:58

0.082Control Test 20:59

0.000Air Blank 20:59

# 1 0.000Subject Sample 20:59

1.726Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.000Subject Sample 21:02

1.203Breath Volume 21:02

0.000Air Blank 21:03

0.082Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:04

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:2804/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:49

Indian River Co SO

MCKENZIE,BRANDON

07/09/2021

980558

Sebastian PD

GRANDY,KEVIN,

EWING

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.082Control Test 03:48

0.000Air Blank 03:48

# 1 0.145Subject Sample 03:49

1.789Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.144Subject Sample 03:52

1.148Breath Volume 03:52

0.000Air Blank 03:53

0.082Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:1904/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

22:45

Indian River Co SO

MCKENZIE,D

07/09/2021

980558

Sebastian PD

SIGNORELLI,A,W

MCGARRY

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.082Control Test 23:57

0.000Air Blank 23:57

# 1Subject Sample 23:57 Subject Test Refused

0.000Breath Volume 23:57

0.000Air Blank 23:58

0.082Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0404/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:23

Indian River Co SO

BELL,BRIAN

07/09/2021

980558

Indian River Shores

KANTORSKI,MARK,A

GRAHAM

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.083Control Test 01:13

0.000Air Blank 01:13

# 1 0.207Subject Sample 01:15

2.636Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.206Subject Sample 01:18

1.535Breath Volume 01:18

0.000Air Blank 01:19

0.082Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:20

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5204/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:40

Indian River Co SO

POLLACEK,JASON

07/09/2021

980558

Indian River Co SO

KANTORSKI,MARK,A

DANIELS

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.082Control Test 01:28

0.000Air Blank 01:29

# 1Subject Sample 01:29 Subject Test Refused

0.000Breath Volume 01:29

0.000Air Blank 01:29

0.083Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:0104/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:30

Indian River Co SO

FLORES,DAVID

07/09/2021

980558

Indian River Co SO

GRANDY,KEVIN,

FRANCOIS

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:05

# 1Subject Sample 03:05 Subject Test Refused

0.000Breath Volume 03:05

0.000Air Blank 03:06

0.083Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:07

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:0904/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:29

Indian River Co SO

PEREZ,CRYSTAL

07/09/2021

980558

Indian River Co SO

GRANDY,KEVIN,

RITTO

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:32

0.083Control Test 00:32

0.000Air Blank 00:33

# 1 0.275Subject Sample 00:34

1.671Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.300Subject Sample 00:38

1.414Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 3 0.295Subject Sample 00:42

1.640Breath Volume 00:42

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:07:5804/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:31

22:05

Indian River Co SO

CASTANO,C

07/09/2021

980558

Indian River Co SO

SIGNORELLI,A,W

PEREZ GONZALEZ

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.082Control Test 23:00

0.000Air Blank 23:01

# 1 0.142Subject Sample 23:03

2.042Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:05

# 2 0.138Subject Sample 23:06

1.820Breath Volume 23:06

0.000Air Blank 23:07

0.082Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:07

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:5204/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

23:05

Indian River Co SO

POLLACEK,J

07/09/2021

980558

Indian River Co SO

HISS,J,M

SKOWRON

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.082Control Test 23:44

0.000Air Blank 23:45

# 1 0.095Subject Sample 23:45

2.003Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2Subject Sample 23:49 Subject Test Refused

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.081Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:2104/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:28

Indian River Co SO

LEVENAR,A

07/09/2021

980558

Indian River Co SO

WHILE,C,

OBRIEN

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:20

0.082Control Test 22:20

0.000Air Blank 22:21

# 1 0.246Subject Sample 22:21

1.949Breath Volume 22:21

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.242Subject Sample 22:24

1.632Breath Volume 22:24

0.000Air Blank 22:25

0.082Control Test 22:25

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:5204/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:42

Indian River Co SO

EGGERS,RYAN

07/09/2021

980558

Indian River Co SO

EGGERS,RYAN,K

STAPLES

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:25

0.000Air Blank 23:25

0.082Control Test 23:25

0.000Air Blank 23:26

# 1 0.167Subject Sample 23:27

3.292Breath Volume 23:27

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.170Subject Sample 23:30

3.019Breath Volume 23:30

0.000Air Blank 23:30

0.082Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:3404/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:42

Indian River Co SO

BUFFINGTON,B

07/09/2021

980558

Indian River Co SO

RAYMOND,FRANK,W

CARRICK

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.083Control Test 00:28

0.000Air Blank 00:29

# 1 0.105Subject Sample 00:29

3.722Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.104Subject Sample 00:33

3.050Breath Volume 00:33

0.000Air Blank 00:33

0.083Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:3004/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:21

Vero Beach PD

DOTY,JAMES

07/09/2021

980558

Vero Beach PD

KUEHN,KYLE,B

VANARMAN

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.082Control Test 02:30

0.000Air Blank 02:30

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:08:5304/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

03:52

Indian River Co SO

HAMPTON,THOMAS

07/09/2021

980558

FHP Troop L

RAYMOND,FRANK,W

ANGEL

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.082Control Test 06:02

0.000Air Blank 06:02

# 1 0.113Subject Sample 06:03

1.472Breath Volume 06:03

0.000Air Blank 06:04

0.000Air Blank 06:06

# 2 0.104Subject Sample 06:07

1.269Breath Volume 06:07

0.000Air Blank 06:07

0.082Control Test 06:08

0.000Air Blank 06:08

OKDiagnostics Check 06:08

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:2904/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:36

11:18

Indian River Co SO

GAGE,BOBBY

07/09/2021

980558

Indian River Co SO

WOOD,THERESA,K

CLARK

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.082Control Test 11:57

0.000Air Blank 11:58

# 1 0.126Subject Sample 11:59

1.484Breath Volume 11:59

0.000Air Blank 12:00

0.000Air Blank 12:01

# 2 0.119Subject Sample 12:02

1.109Breath Volume 12:02

0.000Air Blank 12:03

0.082Control Test 12:03

0.000Air Blank 12:04

OKDiagnostics Check 12:04

Data Download Date/Time: 06/03/2019 02:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:2204/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:53

Indian River Co SO

BRASHEARS,E

07/09/2021

980558

Indian River Co SO

WHILE,C,

KELLY

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.082Control Test 22:01

0.000Air Blank 22:01

# 1 0.109Subject Sample 22:03

1.574Breath Volume 22:03

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.109Subject Sample 22:06

1.453Breath Volume 22:06

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:1604/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:25

Indian River Co SO

POLLACEK,E

07/09/2021

980558

Indian River Co SO

WHILE,C,

CURLEY

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.082Control Test 23:14

0.000Air Blank 23:14

# 1Subject Sample 23:14 Subject Test Refused

0.000Breath Volume 23:14

0.000Air Blank 23:15

0.082Control Test 23:15

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:13:2604/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:44

Indian River Co SO

RUIZ,M

07/09/2021

980558

Indian River Co SO

RAYMOND,FRANK,W

WARBURTON

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.083Control Test 02:05

0.000Air Blank 02:05

# 1 0.131Subject Sample 02:08

2.078Breath Volume 02:08

0.000Air Blank 02:09

0.000Air Blank 02:11

# 2 0.128Subject Sample 02:11

2.718Breath Volume 02:11

0.000Air Blank 02:12

0.082Control Test 02:12

0.000Air Blank 02:13

OKDiagnostics Check 02:13

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3404/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:10

Vero Beach PD

AYALA,KASSANDRA

07/09/2021

980558

Vero Beach PD

PLUMB,GREGORY,T

HARRIS

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.082Control Test 02:39

0.000Air Blank 02:40

# 1Subject Sample 02:41 Subject Test Refused

0.000Breath Volume 02:41

0.000Air Blank 02:41

0.081Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2004/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:10

Vero Beach PD

AYALA,KASSANDRA

07/09/2021

980558

Vero Beach PD

PLUMB,GREGORY,T

HARRIS

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.082Control Test 02:47

0.000Air Blank 02:48

# 1 0.132Subject Sample 02:50

1.246Breath Volume 02:50

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.134Subject Sample 02:55 Volume Not Met

0.679Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 3 0.141Subject Sample 02:58

1.515Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:35:4804/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

23:37

Indian River Co SO

LEVENAR,T

07/09/2021

980558

Indian River Co SO

RAYMOND,FRANK,W

GARCIA

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.082Control Test 03:30

0.000Air Blank 03:30

# 1 0.000Subject Sample 03:31

3.468Breath Volume 03:31

0.000Air Blank 03:31

0.000Air Blank 03:33

# 2 0.000Subject Sample 03:34

3.949Breath Volume 03:34

0.000Air Blank 03:34

0.081Control Test 03:35

0.000Air Blank 03:35

OKDiagnostics Check 03:35

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:01:2204/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:34

07:19

Indian River Co SO

NEWSOME,SCOTT

07/09/2021

980558

Fellsmere PD

YORK,JIMMY,A

RAMSEY

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:54

0.000Air Blank 08:55

0.082Control Test 08:55

0.000Air Blank 08:56

# 1 0.213Subject Sample 08:56

1.636Breath Volume 08:56

0.000Air Blank 08:57

0.000Air Blank 08:59

# 2 0.202Subject Sample 08:59

1.730Breath Volume 08:59

0.000Air Blank 09:00

0.082Control Test 09:00

0.000Air Blank 09:01

OKDiagnostics Check 09:01

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3804/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:27

Indian River Co SO

RICHARD,MARK

07/09/2021

980558

Sebastian PD

GRANDY,KEVIN,

CHAMBERS

04/12/2019

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.083Control Test 03:31

0.000Air Blank 03:32

# 1 0.061Subject Sample 03:34

1.773Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.068Subject Sample 03:38

1.722Breath Volume 03:38

0.000Air Blank 03:38

0.082Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 06/03/2019 02:38

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:0104/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:50

DeSoto County SO

ULLRICH,LAURA

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

ARLINE

03/09/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:48

# 1Subject Sample 02:49 Subject Test Refused

0.000Breath Volume 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:51

Data Download Date/Time: 04/23/2019 15:18

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:2104/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:55

DeSoto County SO

ARBANAS,SHANE

01/05/2020

31517080A1

FHP Troop F

DAVIS,JOHN,P

BACON

03/09/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.151Subject Sample 03:00

1.312Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.159Subject Sample 03:03

1.656Breath Volume 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/23/2019 15:18

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:1704/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:27

DeSoto County SO

GAMMAD,GARY

01/05/2020

31517080A1

Arcadia PD

MASSEY,DARRELL,L

MONDRAGON

03/09/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1 0.225Subject Sample 02:17

2.167Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.228Subject Sample 02:20

1.515Breath Volume 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 04/23/2019 15:18

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2904/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:40

DeSoto County SO

ROPPOLO,ADAM

01/05/2020

31517080A1

DeSoto County SO

DAVIS,JOHN,P

MACHIC

04/23/2019

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:55

0.079Control Test 01:56

0.000Air Blank 01:56

# 1 0.215Subject Sample 01:56

1.531Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.214Subject Sample 02:00

2.667Breath Volume 02:00

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 05/29/2019 10:27

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1004/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:52

Sarasota County SO

DAVIS,DEPUTY

06/05/2020

10818080A4

Sarasota County SO

MENDEZ,DEPUTY,C

BAUGHMAN

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:32

# 1 0.230Subject Sample 03:33

4.394Breath Volume 03:33

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.227Subject Sample 03:36

3.816Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:5704/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

20:59

FHP Troop F

WATSON,D

06/05/2020

10818080A4

FHP Troop F

WATSON,D,L

MEDINA

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:39

# 1 0.133Subject Sample 21:40

2.656Breath Volume 21:40

0.000Air Blank 21:41

0.000Air Blank 21:42

# 2 0.126Subject Sample 21:43

2.808Breath Volume 21:43

0.000Air Blank 21:44

0.079Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4104/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:51

Sarasota County SO

SCHUMANN,DEP

06/05/2020

10818080A4

Sarasota County SO

SCHUMANN,DEP,

HEALD

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.081Control Test 01:46

0.000Air Blank 01:47

# 1 0.009Subject Sample 01:48

2.847Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.008Subject Sample 01:51

3.234Breath Volume 01:51

0.000Air Blank 01:51

0.080Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:1504/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:58

Sarasota County SO

BRENCKLE,T

06/05/2020

10818080A4

Sarasota County SO

MITCHELL,N,N

LIMA

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.081Control Test 03:03

0.000Air Blank 03:03

# 1Subject Sample 03:03 Subject Test Refused

0.000Breath Volume 03:03

0.000Air Blank 03:04

0.081Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:09:2704/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:30

11:25

Sarasota County SO

GARCIA,W

06/05/2020

10818080A4

Sarasota PD

DARLING,JOHN,P

DEBOLT

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:06

0.000Air Blank 12:07

0.080Control Test 12:07

0.000Air Blank 12:07

# 1Subject Sample 12:08 Subject Test Refused

0.000Breath Volume 12:08

0.000Air Blank 12:08

0.080Control Test 12:08

0.000Air Blank 12:09

OKDiagnostics Check 12:09

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:5004/05/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

21:00

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

CROKE

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:18

0.080Control Test 22:19

0.000Air Blank 22:19

# 1 0.138Subject Sample 22:19

3.687Breath Volume 22:19

0.000Air Blank 22:20

0.000Air Blank 22:22

# 2 0.134Subject Sample 22:23

2.902Breath Volume 22:23

0.000Air Blank 22:23

0.080Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:22:3004/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:45

05:14

North Port PD

CAMBRIA,STEVEN

06/05/2020

10818080A4

North Port PD

CAMBRIA,STEVEN,J

EVRARD

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:16

0.000Air Blank 06:16

0.080Control Test 06:17

0.000Air Blank 06:17

# 1 0.025Subject Sample 06:18

3.210Breath Volume 06:18

0.000Air Blank 06:18

0.000Air Blank 06:20

# 2 0.025Subject Sample 06:21

3.253Breath Volume 06:21

0.000Air Blank 06:21

0.079Control Test 06:21

0.000Air Blank 06:22

OKDiagnostics Check 06:22

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:0804/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:35

North Port PD

CAMBRIA,STEVEN

06/05/2020

10818080A4

North Port PD

CAMBRIA,STEVEN,J

WORONOWICZ

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:34

# 1 0.239Subject Sample 22:35

1.988Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:37

# 2 0.235Subject Sample 22:38

2.613Breath Volume 22:38

0.000Air Blank 22:39

0.079Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:36:0304/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:00

12:33

Sarasota County SO

MACWHORTER,TROOPER

06/05/2020

10818080A4

FHP Troop F

ROSS,MICHAEL,K

GLYNN

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:33

0.000Air Blank 14:33

0.081Control Test 14:34

0.000Air Blank 14:34

# 1Subject Sample 14:34 Subject Test Refused

0.000Breath Volume 14:34

0.000Air Blank 14:35

0.079Control Test 14:35

0.000Air Blank 14:35

OKDiagnostics Check 14:36

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:4304/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:08

FHP Troop F

LEDFORD,TAYLOR

06/05/2020

10818080A4

FHP Troop F

LEDFORD,TAYLOR,M

CRUZ

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:48

0.000Air Blank 02:48

0.081Control Test 02:48

0.000Air Blank 02:49

# 1 0.178Subject Sample 02:50

1.613Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.193Subject Sample 02:54

1.500Breath Volume 02:54

0.000Air Blank 02:54

0.078Control Test 02:55

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:38:2604/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:49

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

MCDERMOTT

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1 0.169Subject Sample 19:33

2.394Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2 0.161Subject Sample 19:36

1.886Breath Volume 19:36

0.000Air Blank 19:37

0.080Control Test 19:37

0.000Air Blank 19:38

OKDiagnostics Check 19:38

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:5404/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

21:44

Sarasota County SO

BELL,DEP

06/05/2020

10818080A4

Sarasota County SO

FEDOREK,JEFFREY,M

PARMAN

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:09

# 1 0.149Subject Sample 23:10

1.851Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:12

# 2 0.153Subject Sample 23:13

2.878Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:2204/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:34

14:06

Sarasota County SO

SULLIVAN,K

06/05/2020

10818080A4

Sarasota PD

SURRAN,DEPUTY,C

BARNES

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:01

0.000Air Blank 15:02

0.081Control Test 15:02

0.000Air Blank 15:02

# 1 0.000Subject Sample 15:03

1.429Breath Volume 15:03

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.000Subject Sample 15:06

1.679Breath Volume 15:06

0.000Air Blank 15:06

0.081Control Test 15:06

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5704/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:51

Sarasota County SO

YOCK,G

06/05/2020

10818080A4

Sarasota County SO

MITCHELL,N,N

SEMENAS

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:22

# 1 0.215Subject Sample 00:23

2.031Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.214Subject Sample 00:28

1.769Breath Volume 00:28

0.000Air Blank 00:29

0.078Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:2404/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

00:04

Sarasota County SO

LIMA,V

06/05/2020

10818080A4

North Port PD

MITCHELL,N,N

MORENO-HERNANDEZ

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:04

# 1 0.185Subject Sample 02:05

2.066Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.179Subject Sample 02:08

1.753Breath Volume 02:08

0.000Air Blank 02:09

0.078Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0404/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:12

Sarasota County SO

SCHUMANN,DEP

06/05/2020

10818080A4

Sarasota County SO

SCHUMANN,DEP,

ABARCA

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:42

0.000Air Blank 03:42

# 1 0.150Subject Sample 03:43

4.062Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:45

# 2 0.150Subject Sample 03:46

4.082Breath Volume 03:46

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:48

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3504/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

02:32

Sarasota County SO

ALEMAN,F

06/05/2020

10818080A4

North Port PD

MITCHELL,N,N

ERVAN

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:27

# 1 0.219Subject Sample 04:28

1.414Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.211Subject Sample 04:31

2.351Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 04/16/2019 08:09

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:0804/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:57

07:08

Sarasota County SO

OSTERMEYER,FHP CPL

06/05/2020

10818080A4

FHP Troop F

GELLER,DEBORAH,A

SIMPSON

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:22

0.000Air Blank 08:23

0.081Control Test 08:23

0.000Air Blank 08:24

# 1 0.146Subject Sample 08:24

2.605Breath Volume 08:24

0.000Air Blank 08:25

0.000Air Blank 08:27

# 2 0.142Subject Sample 08:27

2.906Breath Volume 08:27

0.000Air Blank 08:28

0.080Control Test 08:28

0.000Air Blank 08:29

OKDiagnostics Check 08:29

Data Download Date/Time: 04/16/2019 08:10

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:2404/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:18

Sarasota County SO

CARDWELL,CAPTAIN

06/05/2020

10818080A4

FHP Troop F

MENDEZ,DEPUTY,C

STOOTHOFF

03/27/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.080Control Test 00:28

0.000Air Blank 00:28

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:29

0.080Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 04/16/2019 08:10

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:5404/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

16:58

North Port PD

6L13,NICK

06/05/2020

10818080A4

North Port PD

NICK,A.,

DAVEY

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:55

0.000Air Blank 18:56

0.081Control Test 18:56

0.000Air Blank 18:57

# 1 0.174Subject Sample 18:57

2.843Breath Volume 18:57

0.000Air Blank 18:58

0.000Air Blank 18:59

# 2 0.167Subject Sample 19:00

2.617Breath Volume 19:00

0.000Air Blank 19:00

0.078Control Test 19:01

0.000Air Blank 19:01

OKDiagnostics Check 19:01

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:0604/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

01:53

Sarasota County SO

BUEHLER,DEP

06/05/2020

10818080A4

Sarasota County SO

BUEHLER,DEP,M

TORRES

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.081Control Test 02:57

0.000Air Blank 02:57

# 1 0.114Subject Sample 02:58

3.066Breath Volume 02:58

0.000Air Blank 02:59

0.000Air Blank 03:00

# 2 0.117Subject Sample 03:01

2.476Breath Volume 03:01

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:4404/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:17

02:48

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

MEADOWS

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.190Subject Sample 03:44

2.929Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.197Subject Sample 03:47

3.003Breath Volume 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:1404/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:36

Sarasota County SO

FOWLER,T

06/05/2020

10818080A4

Sarasota County SO

FOWLER,TYLER,J

MESSNER

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.080Control Test 01:23

0.000Air Blank 01:24

# 1Subject Sample 01:24 Subject Test Refused

0.000Breath Volume 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1204/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:09

Sarasota PD

PERKINS,OFC

06/05/2020

10818080A4

Sarasota PD

PERKINS,OFC,W

KING

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:54

# 1 0.074Subject Sample 22:57

1.613Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.071Subject Sample 23:02

1.410Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:1604/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

18:30

North Port PD

BROWN,DAVID

06/05/2020

10818080A4

North Port PD

BOETGER,ELI,L

BIEN AIME

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.078Control Test 23:20

0.000Air Blank 23:21

# 1 0.113Subject Sample 23:21

3.125Breath Volume 23:21

0.000Air Blank 23:22

0.000Air Blank 23:24

# 2 0.107Subject Sample 23:24

3.679Breath Volume 23:24

0.000Air Blank 23:25

0.079Control Test 23:25

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:1004/23/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:25

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

MACIASROQUE

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

# 1 0.187Subject Sample 22:15

2.503Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:18

# 2 0.184Subject Sample 22:18

3.718Breath Volume 22:18

0.000Air Blank 22:19

0.078Control Test 22:19

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3204/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

22:53

Sarasota County SO

BRENCKLE,DEP

06/05/2020

10818080A4

Sarasota County SO

FEDOREK,JEFFREY,M

BOYT

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.147Subject Sample 00:11

2.843Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.144Subject Sample 00:14

2.675Breath Volume 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:1004/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

21:06

Sarasota County SO

FOWLER,T

06/05/2020

10818080A4

Sarasota County SO

FOWLER,T,J

RODOSKI

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.310Subject Sample 21:48

5.113Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.301Subject Sample 21:51

4.871Breath Volume 21:51

0.000Air Blank 21:52

0.077Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:0004/25/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:11

Sarasota County SO

SKINNER,OFFICER

06/05/2020

10818080A4

Venice PD

MENDEZ,DEPUTY,C

PIERCE

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.081Control Test 22:14

0.000Air Blank 22:14

# 1 0.196Subject Sample 22:15

3.003Breath Volume 22:15

0.000Air Blank 22:16

0.000Air Blank 22:17

# 2 0.209Subject Sample 22:18

2.808Breath Volume 22:18

0.000Air Blank 22:19

0.080Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:20

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:1704/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:04

Sarasota County SO

KOSTYAL,MATT

06/05/2020

10818080A4

Sarasota County SO

KOSTYAL,MATT,A

MICHAUD

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:45

# 1 0.088Subject Sample 01:45

2.726Breath Volume 01:45

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.086Subject Sample 01:48

2.746Breath Volume 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1104/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:12

Sarasota County SO

BUEHLER,DEP

06/05/2020

10818080A4

Sarasota County SO

BUEHLER,DEP,M

BRIMINGHAM

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:21

0.000Air Blank 04:22

# 1 0.126Subject Sample 04:23

1.144Breath Volume 04:23

0.000Air Blank 04:23

0.000Air Blank 04:25

# 2 0.123Subject Sample 04:26

1.714Breath Volume 04:26

0.000Air Blank 04:27

0.080Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 05/28/2019 10:26

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:3904/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:22

Eustis PD

WADE,CODY

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

CROTHERS

04/01/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 05/01/2019 07:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:1904/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:13

Eustis PD

BROWN,LAUREN

10/12/2021

1031121

Eustis PD

DRISKELL,ADAM,J

KOENIG

04/01/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

Air Blank 03:56 RFI Detect

0.000Air Blank 03:57

Data Download Date/Time: 05/01/2019 07:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:3104/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:33

03:13

Eustis PD

BROWN,LAUREN

10/12/2021

1031121

Eustis PD

DRISKELL,ADAM,J

KOENIG

04/01/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.082Control Test 04:01

0.000Air Blank 04:02

# 1 0.157Subject Sample 04:03

1.429Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.168Subject Sample 04:06

1.410Breath Volume 04:06

0.000Air Blank 04:07

0.077Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 05/01/2019 07:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:31:2004/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:17

Eustis PD

BROWN,LAUREN

10/12/2021

1031121

Eustis PD

DRISKELL,ADAM,J

SALVADOR

04/01/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:24

0.000Air Blank 20:25

0.080Control Test 20:25

0.000Air Blank 20:26

# 1 0.036Subject Sample 20:26

3.351Breath Volume 20:26

0.000Air Blank 20:27

0.000Air Blank 20:29

# 2 0.027Subject Sample 20:29

1.203Breath Volume 20:29

0.000Air Blank 20:30

0.079Control Test 20:30

0.000Air Blank 20:31

OKDiagnostics Check 20:31

Data Download Date/Time: 05/01/2019 07:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:5304/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

19:22

Eustis PD

STARLING,WILLIAM

10/12/2021

1031121

Eustis PD

STROUP,STEVE,A

ARREOLA

04/01/2019

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:00

0.000Air Blank 21:01

0.080Control Test 21:01

0.000Air Blank 21:02

# 1 0.000Subject Sample 21:02

2.593Breath Volume 21:02

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.000Subject Sample 21:05

3.261Breath Volume 21:05

0.000Air Blank 21:05

0.079Control Test 21:06

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 05/01/2019 07:15

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:50:4304/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

17:35

Sarasota County SO

SCHUMANN,DEP

06/05/2020

10818080A4

Sarasota County SO

SCHUMANN,DEP,

KENNY

04/16/2019

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:43

0.000Air Blank 17:44

0.079Control Test 17:44

0.000Air Blank 17:44

# 1 0.195Subject Sample 17:45

1.253Breath Volume 17:45

0.000Air Blank 17:46

0.000Air Blank 17:48

# 2 0.189Subject Sample 17:49

2.351Breath Volume 17:49

0.000Air Blank 17:49

0.077Control Test 17:50

0.000Air Blank 17:50

OKDiagnostics Check 17:50

Data Download Date/Time: 05/28/2019 10:10

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1704/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:10

FHP Troop D

WOLFF,ROSE

08/25/2019

539031

FHP Troop D

WOLFF,ROSE,M

CUNNINGHAM

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:55

0.082Control Test 00:55

0.000Air Blank 00:56

# 1 0.000Subject Sample 00:57

2.902Breath Volume 00:57

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.000Subject Sample 00:59

2.863Breath Volume 00:59

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:4604/16/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

16:21

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,D

ABNER

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:05

0.000Air Blank 17:06

0.082Control Test 17:06

0.000Air Blank 17:07

# 1 0.000Subject Sample 17:07

1.406Breath Volume 17:07

0.000Air Blank 17:07

0.000Air Blank 17:10

# 2 0.000Subject Sample 17:10

1.316Breath Volume 17:10

0.000Air Blank 17:10

0.083Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4904/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:58

FHP Troop D

ESTEVES,VIRGILIO

08/25/2019

539031

FHP Troop D

ESTEVES,VIRGILIO,J

VERMILLION

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:32

0.000Air Blank 22:33

22:33 RFI Detect

0.000Air Blank 22:33

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:5604/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:58

FHP Troop D

ESTEVES,VIRGILIO

08/25/2019

539031

FHP Troop D

ESTEVES,VIRGILIO,J

VERMILLION

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.082Control Test 22:37

0.000Air Blank 22:38

# 1 0.117Subject Sample 22:40

1.714Breath Volume 22:40

Air Blank 22:41 Purge Fail

Air Blank 22:41 Purge Fail

Data Download Date/Time: 04/30/2019 03:46

18 July 2019

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:0204/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:58

FHP Troop D

ESTEVES,VIRGILIO

08/25/2019

539031

FHP Troop D

ESTEVES,VIRGILIO,J

VERMILLION

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.061Control Test 22:45 Control Outside Tolerance

0.000Air Blank 22:46

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:1204/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:58

FHP Troop D

ESTEVES,VIRGILIO

08/25/2019

539031

FHP Troop D

VERMILLION,ALLIE,K

VERMILLION

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:50

0.000Air Blank 22:51

0.064Control Test 22:51 Control Outside Tolerance

0.000Air Blank 22:52

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001361CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:40:4604/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:56

FHP Troop D

HITCHCOCK,WILLIAM

08/25/2019

539031

FHP Troop D

HITCHCOCK,WILLIAM,D

JONES

03/31/2019

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:33

0.000Air Blank 08:33

0.078Control Test 08:34

0.000Air Blank 08:34

# 1 0.115Subject Sample 08:35

1.359Breath Volume 08:35

0.000Air Blank 08:35

0.000Air Blank 08:37

# 2 0.121Subject Sample 08:39

1.984Breath Volume 08:39

0.000Air Blank 08:39

0.079Control Test 08:40

0.000Air Blank 08:40

OKDiagnostics Check 08:40

Data Download Date/Time: 04/30/2019 03:46

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:25:4304/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:57

Gainesville PD

SOWARDS,JACOB

10/05/2020

24818080A2

Gainesville PD

MARTINEZ,CHRISTOPHER,

HILLIARD

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.080Control Test 05:18

0.000Air Blank 05:19

# 1 0.148Subject Sample 05:20

1.519Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.150Subject Sample 05:24

1.628Breath Volume 05:24

0.000Air Blank 05:24

0.080Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:25

Data Download Date/Time: 04/24/2019 00:54

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4304/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:34

Gainesville PD

GUYTON,JOHN

10/05/2020

24818080A2

Gainesville PD

MARTINEZ,CHRISTOPHER,

RYAN

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.081Control Test 01:12

0.000Air Blank 01:12

# 1 0.368Subject Sample 01:13

3.066Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.369Subject Sample 01:16

2.445Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/24/2019 00:54

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:5304/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:39

Gainesville PD

BURWELL,MARK

10/05/2020

24818080A2

Gainesville PD

MARTINEZ,CHRISTOPHER,

HYPES

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:22

0.080Control Test 04:23

0.000Air Blank 04:23

# 1 0.193Subject Sample 04:24

1.453Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:26

# 2 0.181Subject Sample 04:27

2.476Breath Volume 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 04/24/2019 00:54

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:4004/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:15

Gainesville PD

TURNER,KENDRICK

10/05/2020

24818080A2

Gainesville PD

TURNER,KENDRICK,T

HENRICH

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.081Control Test 00:52

0.000Air Blank 00:52

# 1Subject Sample 00:55 No Sample Provided

0.000Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 04/24/2019 00:55

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5704/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:53

Gainesville PD

TURNER,KENDRICK

10/05/2020

24818080A2

Gainesville PD

KEIMIG,EMORIE,I

MEEK

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.000Subject Sample 03:42

4.144Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.000Subject Sample 03:45

2.902Breath Volume 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 04/24/2019 00:55

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:0004/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:01

Gainesville PD

DOUALEHI,AHIPO

10/05/2020

24818080A2

Gainesville PD

KEIMIG,EMORIE,I

DOWIE

03/21/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:26 No Sample Provided

0.000Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2Subject Sample 04:31 No Sample Provided

0.000Breath Volume 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:33

Data Download Date/Time: 04/24/2019 00:55

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:13:3204/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:46

16:18

Gainesville PD

MILMAN,A

10/05/2020

24818080A2

Gainesville PD

PAGE,D,J

MCINNES

04/23/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:10

0.079Control Test 17:11

0.000Air Blank 17:11

# 1Subject Sample 17:13 Sequence Aborted

0.000Breath Volume 17:13

0.000Air Blank 17:13

Data Download Date/Time: 05/22/2019 03:29

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:0504/26/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:18

18:54

Gainesville PD

KANKAM,DENZEL

10/05/2020

24818080A2

Gainesville PD

KANKAM,DENZEL,K

SINGLETON

04/23/2019

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:38

0.000Air Blank 19:39

0.079Control Test 19:39

0.000Air Blank 19:39

# 1Subject Sample 19:43 No Sample Provided

0.000Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2Subject Sample 19:48 No Sample Provided

0.000Breath Volume 19:48

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 05/22/2019 03:29

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:49:0904/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:00

Mayport Naval Base

DARK,JAM

08/05/2019

17817080A3

Mayport Naval Base

SHAHEEN,KEITH,B

DIM

04/17/2019

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:43

0.000Air Blank 13:43

0.080Control Test 13:43

0.000Air Blank 13:44

# 1 0.000Subject Sample 13:44

3.667Breath Volume 13:44

0.000Air Blank 13:45

0.000Air Blank 13:47

# 2 0.000Subject Sample 13:47

2.875Breath Volume 13:47

0.000Air Blank 13:48

0.079Control Test 13:48

0.000Air Blank 13:49

OKDiagnostics Check 13:49

Data Download Date/Time: 05/16/2019 12:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2304/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:22

20:52

Orange County SO

RIVERA,HERIBERTO

07/05/2019

13917080A3

Winter Garden PD

SKOWRONSKI,JEFFREY,J

STERNER

04/17/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.081Control Test 21:52

0.000Air Blank 21:53

# 1 0.139Subject Sample 21:53

1.160Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.135Subject Sample 21:56

1.335Breath Volume 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 04/24/2019 17:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:3304/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:26

Orange County SO

FLOOD,GERARD

07/05/2019

13917080A3

Central FL Univ PD

ROSARIO SANTIAGO,ELDALY,J

OLIVITO

04/17/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:34

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:36

# 1 0.225Subject Sample 03:36

2.082Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.228Subject Sample 03:39

2.257Breath Volume 03:39

0.000Air Blank 03:40

0.081Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 04/24/2019 17:20

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:3004/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:47

Orange County SO

SHEIMAN,RICHARD

07/05/2019

13917080A3

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

CONYERS

04/17/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

# 1Subject Sample 01:24 No Sample Provided

0.000Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:27

# 2Subject Sample 01:30 No Sample Provided

0.000Breath Volume 01:30

0.000Air Blank 01:30

0.081Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 05/09/2019 16:45

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:3604/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:30

Orange County SO

BAKSH,SAEED

07/05/2019

13917080A3

Winter Garden PD

ROSARIO SANTIAGO,ELDALY,J

URCIUOLI

04/17/2019

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.079Control Test 21:26

0.000Air Blank 21:27

# 1 0.235Subject Sample 21:28

2.644Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.235Subject Sample 21:31

3.148Breath Volume 21:31

0.000Air Blank 21:31

0.080Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 05/09/2019 16:45

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:5404/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

19:48

Clay County SO

BURSE,EDWARD

08/05/2020

17618080A1

FHP Troop G

GARLOW,JUSTIN,L

HELWIG

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.082Control Test 05:35

0.000Air Blank 05:36

# 1 0.000Subject Sample 05:36

1.718Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.000Subject Sample 05:39

1.492Breath Volume 05:39

0.000Air Blank 05:40

0.080Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:0904/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:07

15:23

Clay County SO

BRIGGS,GARY

08/05/2020

17618080A1

Orange Park PD

PARCHER,JOSHUA,J

CASALES

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:37

0.000Air Blank 16:37

0.080Control Test 16:38

0.000Air Blank 16:38

# 1 0.198Subject Sample 16:39

1.898Breath Volume 16:39

0.000Air Blank 16:40

0.000Air Blank 16:42

# 2 0.156Subject Sample 16:45 Volume Not Met

0.535Breath Volume 16:45

0.000Air Blank 16:46

0.000Air Blank 16:48

# 3 0.197Subject Sample 16:48

2.664Breath Volume 16:48

0.000Air Blank 16:49

0.079Control Test 16:49

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:4304/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:33

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

ALTSTATT,MATTHEW,B

GAYLE

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

Air Blank 00:17 RFI Detect

Air Blank 00:17 RFI Detect

Data Download Date/Time: 04/21/2019 08:43

18 July 2019

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:1004/09/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:33

Clay County SO

RILEY,R

08/05/2020

17618080A1

Clay County SO

ALTSTATT,MATTHEW,B

GAYLE

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:20

# 1Subject Sample 00:24 No Sample Provided

0.000Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:0904/10/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

20:45

Clay County SO

CAMP,BRAD

08/05/2020

17618080A1

Green Cove Springs

GARLOW,JUSTIN,L

PETERS

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.082Control Test 21:56

0.000Air Blank 21:57

# 1 0.247Subject Sample 21:57

2.210Breath Volume 21:57

0.000Air Blank 21:58

0.000Air Blank 21:59

# 2 0.264Subject Sample 22:00

2.417Breath Volume 22:00

0.000Air Blank 22:01

0.081Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:09:3904/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:42

07:50

Clay County SO

SMITH,JOEL

08/05/2020

17618080A1

Clay County SO

BELL,DAKOTA,W

KRALISZ

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:03

0.000Air Blank 09:04

0.081Control Test 09:04

0.000Air Blank 09:04

# 1 0.079Subject Sample 09:05

1.937Breath Volume 09:05

0.000Air Blank 09:05

0.000Air Blank 09:07

# 2 0.078Subject Sample 09:08

1.734Breath Volume 09:08

0.000Air Blank 09:08

0.081Control Test 09:09

0.000Air Blank 09:09

OKDiagnostics Check 09:09

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:5804/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

17:57

Clay County SO

PRITCHARD,TRAVIS

08/05/2020

17618080A1

Clay County SO

GARLOW,JUSTIN,L

DAWSON

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.082Control Test 19:21

0.000Air Blank 19:22

# 1Subject Sample 19:25 No Sample Provided

0.000Breath Volume 19:25

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.186Subject Sample 19:28

1.593Breath Volume 19:28

0.000Air Blank 19:28

0.000Air Blank 19:30

# 3Subject Sample 19:31 RFI Detect

0.000Breath Volume 19:31

0.000Air Blank 19:32

0.081Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:5804/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:56

17:57

Clay County SO

PRITCHARD,TRAVIS

08/05/2020

17618080A1

Clay County SO

GARLOW,JUSTIN,L

DAWSON

03/25/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:35

0.081Control Test 19:35

0.000Air Blank 19:35

# 1 0.192Subject Sample 19:37

2.773Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2Subject Sample 19:41 Subject Test Refused

0.000Breath Volume 19:41

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 04/21/2019 08:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:0204/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:31

Clay County SO

ADAMS,STEPHEN

08/05/2020

17618080A1

Clay County SO

GARLOW,JUSTIN,L

RUSSELL

04/21/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:08

0.000Air Blank 00:08

0.082Control Test 00:08

0.000Air Blank 00:09

# 1Subject Sample 00:12 No Sample Provided

0.000Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:17

0.081Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:18

Data Download Date/Time: 05/25/2019 11:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0704/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:50

Clay County SO

WHITE,M

08/05/2020

17618080A1

Clay County SO

RENTZ,JARROD,C

HONG

04/21/2019

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.081Control Test 22:13

0.000Air Blank 22:13

# 1 0.000Subject Sample 22:14

2.261Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.000Subject Sample 22:17

2.238Breath Volume 22:17

0.000Air Blank 22:18

0.080Control Test 22:18

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 05/25/2019 11:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0004/01/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

00:13

Cape Coral PD

DUFFY,J

05/05/2020

05218080A3

Cape Coral PD

DUFFY,J,

BEATSON

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

# 1 0.219Subject Sample 00:47

4.425Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.211Subject Sample 00:50

4.414Breath Volume 00:50

0.000Air Blank 00:51

0.078Control Test 00:51

0.000Air Blank 00:51

OKDiagnostics Check 00:52

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:3004/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

03:01

Cape Coral PD

SUPER,MICHAEL

05/05/2020

05218080A3

Cape Coral PD

WILSON,PERRY,M

WOOD

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:36

0.080Control Test 03:36

0.000Air Blank 03:37

# 1 0.155Subject Sample 03:37

3.496Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.149Subject Sample 03:40

2.960Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4204/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:10

Cape Coral PD

LOETHEN,KEITH

05/05/2020

05218080A3

Cape Coral PD

MARTINI,RYAN,H

MATTHEWS

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:47

0.080Control Test 00:47

0.000Air Blank 00:47

# 1 0.111Subject Sample 00:48

2.105Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.115Subject Sample 00:51

3.355Breath Volume 00:51

0.000Air Blank 00:51

0.079Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3204/04/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:26

Cape Coral PD

MYERS,JUSTIN

11/05/2018

26316080A2

Cape Coral PD

CIESLINSKI,JOSEPH,P

GREENWOOD

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:05

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:06

# 1 0.166Subject Sample 04:07

1.214Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.161Subject Sample 04:10

2.097Breath Volume 04:10

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:20:3604/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

05:36

Cape Coral PD

SUPER,M

05/05/2020

05218080A3

Cape Coral PD

CAUSER,SGT,H

NUNEZ-CRUZ

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:12

0.000Air Blank 06:12

0.080Control Test 06:12

0.000Air Blank 06:13

# 1 0.128Subject Sample 06:14

1.253Breath Volume 06:14

0.000Air Blank 06:15

0.000Air Blank 06:17

# 2 0.142Subject Sample 06:19

1.558Breath Volume 06:19

0.000Air Blank 06:19

0.079Control Test 06:20

0.000Air Blank 06:20

OKDiagnostics Check 06:20

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0504/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:16

Cape Coral PD

SHIPPY,D

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

GUNDERSON

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 22:59

0.081Control Test 22:59

0.000Air Blank 23:00

# 1 0.153Subject Sample 23:01

1.917Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:03

# 2 0.149Subject Sample 23:04

3.656Breath Volume 23:04

0.000Air Blank 23:05

0.078Control Test 23:05

0.000Air Blank 23:05

OKDiagnostics Check 23:06

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5104/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:12

Cape Coral PD

ENGH,CLAY

05/05/2020

26316080A2

Cape Coral PD

FILLAK,MICHAEL,O

DIAZ

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:09

0.081Control Test 04:09

0.000Air Blank 04:10

# 1 0.000Subject Sample 04:11

3.871Breath Volume 04:11

0.000Air Blank 04:11

0.000Air Blank 04:13

# 2 0.000Subject Sample 04:14

4.578Breath Volume 04:14

0.000Air Blank 04:14

0.080Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:23:4604/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:54

10:29

Cape Coral PD

ESTERLE,HUGH

05/05/2020

05218080A3

Cape Coral PD

CANTRELL,ROBERT,V

NOBLE

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:17

0.000Air Blank 11:17

0.081Control Test 11:18

0.000Air Blank 11:18

# 1 0.000Subject Sample 11:19

4.371Breath Volume 11:19

0.000Air Blank 11:19

0.000Air Blank 11:21

# 2 0.000Subject Sample 11:22

4.476Breath Volume 11:22

0.000Air Blank 11:22

0.081Control Test 11:23

0.000Air Blank 11:23

OKDiagnostics Check 11:23

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5804/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:07

22:47

Cape Coral PD

LOWE,ANDREW

05/05/2020

26316080A2

Cape Coral PD

MILLS,CHARLES,S

MURR

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.059Subject Sample 23:30

1.406Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.057Subject Sample 23:33

1.339Breath Volume 23:33

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 04/17/2019 10:42

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:5504/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:38

Cape Coral PD

SCARLATO,FRANK

05/05/2020

26316080A2

Cape Coral PD

MILLS,CHARLES,S

RANDOLPH

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:16

0.081Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:17 Subject Test Refused

0.000Breath Volume 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 04/17/2019 10:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:51:5504/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:24

02:50

Cape Coral PD

LOWE,A

05/05/2020

26316080A2

Cape Coral PD

MILLS,CHARLES,S

CHURCH

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:47

# 1 0.190Subject Sample 03:47

1.257Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.209Subject Sample 03:50

2.093Breath Volume 03:50

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:51

Data Download Date/Time: 04/17/2019 10:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:4404/15/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:33

Cape Coral PD

MYERS,J

05/05/2020

26316080A3

Cape Coral PD

DUFFY,J,

GALVAN

03/06/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:14

0.081Control Test 00:14

0.000Air Blank 00:15

# 1 0.196Subject Sample 00:15

2.945Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.182Subject Sample 00:20

1.273Breath Volume 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 04/17/2019 10:43

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:0104/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:21

Cape Coral PD

SCARLATO,F

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

OXENDINE

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

# 1 0.239Subject Sample 03:08

1.382Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:10

# 2 0.217Subject Sample 03:11

2.488Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:14

# 3 0.219Subject Sample 03:14

1.441Breath Volume 03:14

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:16

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1804/19/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:00

Cape Coral PD

SONG,P

05/05/2020

05218080A3

Cape Coral PD

KARAU,J,L

DELAHUNT-DAINO

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1 0.145Subject Sample 01:52

2.050Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.146Subject Sample 01:55

2.285Breath Volume 01:55

0.000Air Blank 01:56

0.079Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:1904/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:33

Cape Coral PD

MYERS,JUSTIN

08/05/2020

17618080A

Cape Coral PD

GRAY,DANNY,W

ARRASTIA

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.018Subject Sample 23:28

2.027Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2 0.015Subject Sample 23:31

1.707Breath Volume 23:31

0.000Air Blank 23:32

0.079Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:1304/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:47

Cape Coral PD

BARKLEY,JEFFREY

08/05/2020

17618080A1

Cape Coral PD

BARKLEY,JEFFREY,G

GIBBS

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.081Control Test 04:26

0.000Air Blank 04:27

# 1 0.149Subject Sample 04:28

2.312Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.152Subject Sample 04:31

2.394Breath Volume 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:4804/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:15

Cape Coral PD

MYERS,JUSTIN

08/05/2020

17618080A

Cape Coral PD

GRAY,DANNY,W

DEFILY

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:57

0.000Air Blank 04:58

0.080Control Test 04:58

0.000Air Blank 04:58

# 1 0.031Subject Sample 04:59

1.476Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.031Subject Sample 05:03

2.812Breath Volume 05:03

0.000Air Blank 05:03

0.080Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5604/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:45

Cape Coral PD

MYERS,J

08/05/2020

17618080A1

Cape Coral PD

DUFFY,J,

LANE

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1 0.204Subject Sample 02:28

3.425Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.205Subject Sample 02:31

3.402Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:12:0804/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:29

Cape Coral PD

ZARILLO,NICK

11/05/2018

26316080A2

Cape Coral PD

RODRIGUEZ,ALFONSO,

ITALIANO

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:07

# 1 0.210Subject Sample 22:07

2.699Breath Volume 22:07

0.000Air Blank 22:08

0.000Air Blank 22:10

# 2 0.206Subject Sample 22:10

2.660Breath Volume 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:12

OKDiagnostics Check 22:12

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:38:0504/27/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:47

Cape Coral PD

RUSH,DANIEL

11/05/2018

26316080A2

Cape Coral PD

RUSH,DANIEL,C

BARRS

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:32

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

# 1 0.137Subject Sample 23:33

3.500Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:36

# 2 0.134Subject Sample 23:36

3.601Breath Volume 23:36

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

OKDiagnostics Check 23:38

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:2504/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

05:32

Cape Coral PD

MYERS,J

08/05/2020

17618080A1

Cape Coral PD

CAUSER,H,R

SLOTH

04/17/2019

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:21

0.000Air Blank 06:21

0.080Control Test 06:21

0.000Air Blank 06:22

# 1 0.195Subject Sample 06:22

1.800Breath Volume 06:22

0.000Air Blank 06:23

0.000Air Blank 06:25

# 2 0.191Subject Sample 06:25

1.925Breath Volume 06:25

0.000Air Blank 06:26

0.079Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 05/08/2019 10:25

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:5104/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:41

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,M

KOON

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

# 1 0.117Subject Sample 01:30

2.785Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.114Subject Sample 01:33

3.246Breath Volume 01:33

0.000Air Blank 01:33

0.079Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2204/02/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

St. John's County SO

OGLESBEE,T

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,M

VANLOAN

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.081Control Test 22:28

0.000Air Blank 22:29

# 1 0.128Subject Sample 22:30

1.832Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.122Subject Sample 22:33

1.746Breath Volume 22:33

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0104/03/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:30

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,M

MCINTYRE

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.082Control Test 02:34

0.000Air Blank 02:34

# 1 0.132Subject Sample 02:35

2.597Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.130Subject Sample 02:38

2.425Breath Volume 02:38

0.000Air Blank 02:39

0.082Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:40

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:31:3204/06/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

21:46

St. John's County SO

BROWN,T

11/21/2019

640976

St. John's County SO

ELLIS,A,M

PASQUARELLO

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.082Control Test 23:24

0.000Air Blank 23:24

# 1 0.094Subject Sample 23:26

1.671Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.097Subject Sample 23:30

1.574Breath Volume 23:30

0.000Air Blank 23:30

0.082Control Test 23:30

0.000Air Blank 23:31

OKDiagnostics Check 23:31

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2104/07/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:26

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

MCGUIRE

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.081Control Test 03:37

0.000Air Blank 03:38

# 1Subject Sample 03:41 No Sample Provided

0.000Breath Volume 03:41

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2Subject Sample 03:47 No Sample Provided

0.000Breath Volume 03:47

0.000Air Blank 03:47

0.082Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:3304/08/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:50

St. John's County SO

ELLIS,A

11/21/2019

640976

St. John's County SO

ELLIS,A,

FERNANDES

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 02:59

# 1 0.075Subject Sample 03:00

2.175Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.076Subject Sample 03:03

2.148Breath Volume 03:03

0.000Air Blank 03:03

0.081Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:1504/11/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:55

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

PEGUERO

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:37

0.080Control Test 03:37

0.000Air Blank 03:38

# 1 0.058Subject Sample 03:38

2.003Breath Volume 03:38

0.000Air Blank 03:39

0.000Air Blank 03:41

# 2 0.060Subject Sample 03:41

2.050Breath Volume 03:41

0.000Air Blank 03:42

0.081Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4404/12/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:14

St. John's County SO

ELLIS,ALEX

11/21/2019

640976

St. John's County SO

ELLIS,ALEXANDER,M

APPLEGATE

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:05

# 1 0.145Subject Sample 03:05

3.035Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:07

# 2 0.143Subject Sample 03:08

2.976Breath Volume 03:08

0.000Air Blank 03:08

0.082Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4104/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

00:08

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

BECKHAM

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.081Control Test 00:44

0.000Air Blank 00:45

# 1 0.125Subject Sample 00:45

2.976Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.108Subject Sample 00:49

1.894Breath Volume 00:49

0.000Air Blank 00:49

0.081Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:0004/13/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:27

St. Augustine PD

RADO,RYAN

11/21/2019

640976

St. Augustine PD

RADO,RYAN,R

WATERS

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.081Control Test 01:09

0.000Air Blank 01:10

# 1 0.208Subject Sample 01:10

1.242Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.192Subject Sample 01:14

1.726Breath Volume 01:14

0.000Air Blank 01:15

0.079Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:16

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:4404/14/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

03:50

St. John's County SO

DATSKO,NATHAN

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

DUNLEVY

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.082Control Test 05:10

0.000Air Blank 05:10

# 1 0.190Subject Sample 05:12

2.398Breath Volume 05:12

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.197Subject Sample 05:15

2.636Breath Volume 05:15

0.000Air Blank 05:15

0.081Control Test 05:16

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:27:1004/17/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

00:59

St. Augustine PD

MANGOLD,KENNETH

11/21/2019

640976

St. John's County SO

MORROW,JUSTIN,L

HOFFMAN

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1 0.175Subject Sample 02:22

3.085Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.177Subject Sample 02:25

3.316Breath Volume 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

OKDiagnostics Check 02:27

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2704/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:17

St. John's County SO

GIANNOTTA,DOMINIC

11/21/2019

640976

St. Augustine Beach

SIMS,WALKER,L

STRONG

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.081Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2004/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:14

St. John's County SO

ANDERSON,CHANDLER

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

AGURKIS

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.081Control Test 02:17

0.000Air Blank 02:18

# 1 0.187Subject Sample 02:21 Volume Not Met

0.707Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:23

# 2 0.178Subject Sample 02:26 No .020 agreement

2.343Breath Volume 02:26

0.000Air Blank 02:26

0.000Air Blank 02:28

# 3 0.205Subject Sample 02:30 No .020 agreement

3.089Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2404/18/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

01:14

St. John's County SO

ANDERSON,CHANDLER

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

AGURKIS

03/26/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

# 1 0.215Subject Sample 02:36

2.218Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.203Subject Sample 02:42 Volume Not Met

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:44

# 3 0.199Subject Sample 02:45

1.718Breath Volume 02:45

0.000Air Blank 02:46

0.079Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/18/2019 14:51

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:2504/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:34

St. John's County SO

EVANS,THOMAS

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

LILES

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:20

0.081Control Test 04:20

0.000Air Blank 04:21

# 1Subject Sample 04:24 No Sample Provided

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2Subject Sample 04:30 No Sample Provided

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:4404/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:52

St. John's County SO

THOMPSON,MASON

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

WASHINGTON

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.082Control Test 03:39

0.000Air Blank 03:39

# 1 0.155Subject Sample 03:40

2.660Breath Volume 03:40

0.000Air Blank 03:40

0.000Air Blank 03:42

# 2 0.162Subject Sample 03:43

3.316Breath Volume 03:43

0.000Air Blank 03:43

0.081Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2604/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:21

St. John's County SO

EVANS,THOMAS

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

PATEL

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.082Control Test 03:52

0.000Air Blank 03:52

# 1 0.169Subject Sample 03:54

2.937Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.165Subject Sample 03:56

1.921Breath Volume 03:56

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:5604/21/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

20:44

St. Augustine Beach

TRUSCIO,JESSE

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

BOTELHO

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.082Control Test 21:28

0.000Air Blank 21:29

# 1Subject Sample 21:29 Subject Test Refused

0.000Breath Volume 21:29

0.000Air Blank 21:30

0.082Control Test 21:30

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2604/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:48

St. Augustine Beach

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

POWER

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.082Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:20

0.081Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4304/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:14

St. Augustine Beach

TRUSCIO,JESSE

11/21/2019

640976

St. John's County SO

WRIGHT,BRYAN,M

HUEY

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.081Control Test 00:52

0.000Air Blank 00:53

# 1 0.158Subject Sample 00:53

1.398Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.160Subject Sample 00:57

2.339Breath Volume 00:57

0.000Air Blank 00:57

0.081Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:0504/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:04

03:29

St. John's County SO

MANGOLD,KENNETH

11/21/2019

640976

St. John's County SO

EVANS,THOMAS,H

JEREMIAH

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.081Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:36 No Sample Provided

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2Subject Sample 04:41 No Sample Provided

0.000Breath Volume 04:41

0.000Air Blank 04:42

0.082Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:43

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:2404/22/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:34

17:51

FHP Troop G

BONADIE,CHRISTOPHER

11/21/2019

640976

FHP Troop G

BONADIE,CHRISTOPHER,A

YEAPLE

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.082Control Test 20:57

0.000Air Blank 20:57

# 1Subject Sample 20:58 Subject Test Refused

0.000Breath Volume 20:58

0.000Air Blank 20:58

0.081Control Test 20:58

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:0304/24/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:11

St. John's County SO

KUKAR,ROBERT

11/21/2019

640976

St. John's County SO

SIMS,WALKER,L

NEWMAN

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.083Control Test 23:29

0.000Air Blank 23:29

# 1 0.017Subject Sample 23:30

1.410Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.019Subject Sample 23:33

1.769Breath Volume 23:33

0.000Air Blank 23:34

0.081Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:35

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:5704/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:38

St. John's County SO

GIANNOTTA,DOMINIC

11/21/2019

640976

St. Augustine Beach

SIMS,WALKER,L

GREVE

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

# 1 0.227Subject Sample 04:10

1.429Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.222Subject Sample 04:13

1.878Breath Volume 04:13

0.000Air Blank 04:14

0.081Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:0104/28/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

20:15

St. Augustine PD

BALLOUN,SAMUEL

11/21/2019

640976

St. Augustine PD

BALLOUN,SAMUEL,C

BOWYER

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:47

0.081Control Test 20:47

0.000Air Blank 20:47

# 1 0.172Subject Sample 20:48

1.605Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:50

# 2 0.165Subject Sample 20:51

2.632Breath Volume 20:51

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:52

OKDiagnostics Check 20:53

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5904/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

02:00

FHP Troop G

MILLS,SCOTT

11/21/2019

640976

FHP Troop G

MELENDEZ,CASANDRA,

MELENDEZ

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.080Control Test 02:45

0.000Air Blank 02:45

# 1 0.143Subject Sample 02:46

3.097Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:48

# 2 0.122Subject Sample 02:49

1.453Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 3 0.132Subject Sample 02:52

2.484Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:2204/29/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:37

St. John's County SO

GAGNE,ERIC

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

MONTGOMERY

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:38

0.081Control Test 23:39

0.000Air Blank 23:39

# 1 0.000Subject Sample 23:40

2.550Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:43

2.949Breath Volume 23:43

0.000Air Blank 23:43

0.082Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4604/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:26

St. John's County SO

BRIGGS,JASON

11/21/2019

640976

St. John's County SO

CASH,JUSTIN,A

COOK

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.081Control Test 00:21

0.000Air Blank 00:21

# 1 0.230Subject Sample 00:23

1.996Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.233Subject Sample 00:26

2.632Breath Volume 00:26

0.000Air Blank 00:26

0.081Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:1304/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:24

St. Augustine PD

YARBOROUGH,ERIC

11/21/2019

640976

St. Augustine PD

YARBOROUGH,ERIC,L

JACKSON

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

03:11 RFI Detect

0.000Air Blank 03:12

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001655CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:5804/30/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

02:24

St. Augustine PD

YARBOROUGH,ERIC

11/21/2019

640976

St. Augustine PD

YARBOROUGH,ERIC,L

JACKSON

04/18/2019

8100.27

ST JOHNS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:15

# 1 0.218Subject Sample 03:15

1.484Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:17

# 2 0.221Subject Sample 03:18

1.628Breath Volume 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 05/29/2019 12:24

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:4004/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:46

U of Fl PD

JORDAN,ELIZABETH

10/05/2019

22817080A4

U of Fl PD

BAIN II,KENNETH,A

HARRIS

03/29/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.076Control Test 04:46

Air Blank 04:46 RFI Detect

Air Blank 04:46 RFI Detect

Data Download Date/Time: 04/30/2019 10:37

18 July 2019

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:2404/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:46

U of Fl PD

JORDAN,ELIZABETH

10/05/2019

22817080A4

U of Fl PD

BAIN II,KENNETH,A

HARRIS

03/29/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.078Control Test 04:50

0.000Air Blank 04:51

# 1 0.193Subject Sample 04:52

1.406Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.184Subject Sample 04:55

1.839Breath Volume 04:55

0.000Air Blank 04:56

0.076Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 04/30/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.



80-001714CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2504/20/2019

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:00

Alachua County SO

LITZKOW,CLAYTON

10/05/2019

22817080A4

Alachua County SO

LITZKOW,CLAYTON,P

MURPHEY

03/29/2019

8100.27

UNIVERSITY OF FL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.076Control Test 05:22

0.000Air Blank 05:22

# 1Subject Sample 05:23 Subject Test Refused

0.000Breath Volume 05:23

0.000Air Blank 05:23

0.078Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 04/30/2019 10:37

18 July 2019Printed:

COBRA ©1997-2014 CMI, Inc.


