
80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:4810/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

15:34

MIAMI-DADE PD

PEREZ,NELSON

02/05/2020

34917080A4

MIAMI-DADE PD

PEREZ,NELSON,

JIDY

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:32

0.000Air Blank 16:32

0.078Control Test 16:33

0.000Air Blank 16:33

# 1 0.256Subject Sample 16:34

2.191Breath Volume 16:34

0.000Air Blank 16:34

0.000Air Blank 16:36

# 2 0.234Subject Sample 16:37

1.218Breath Volume 16:37

0.000Air Blank 16:37

0.000Air Blank 16:39

# 3 0.254Subject Sample 16:40

2.066Breath Volume 16:40

0.000Air Blank 16:40

0.078Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:5810/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:49

MIAMI-DADE PD

LOUIS,WALEX

02/05/2020

34917080A4

MIAMI-DADE PD

LUBIN,SARAH,

LOPEZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.077Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:47

0.078Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:1810/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:49

21:49

MIAMI-DADE PD

LOUIS,WALEX

04/05/2022

05620080A1

MIAMI-DADE PD

LUBIN,SARAH,

LOPEZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.078Control Test 22:52

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.078Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:0510/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:30

SWEETWATER PD

ROMAN,ANTONIO

02/05/2020

34917080A4

OTHER LOCAL

FERNANDEZ,O,

PEREZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.078Control Test 04:05

0.000Air Blank 04:06

# 1 0.124Subject Sample 04:06

2.445Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.130Subject Sample 04:09

2.457Breath Volume 04:09

0.000Air Blank 04:10

0.078Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:3610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:22

MIAMI-DADE PD

QUINTANA,JORGE

02/05/2020

34917080A4

MIAMI-DADE PD

QUINTANA,JORGE,F

FERNANDEZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

# 1 0.012Subject Sample 04:03

3.894Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.013Subject Sample 04:06

3.035Breath Volume 04:06

0.000Air Blank 04:06

0.078Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:4910/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:40

MIAMI-DADE PD

RIVERO,ARISBEL

02/05/2020

34917080A4

MIAMI-DADE PD

ROBLEDO,MIGUEL,A

LOPEZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.078Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:25 Subject Test Refused

0.000Breath Volume 21:25

0.000Air Blank 21:25

0.078Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4310/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:21

MIAMI-DADE PD

FRANCO,GREGORY

04/05/2022

05620080A1

MIAMI-DADE PD

PACHECO,GEORGE,

FEW

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:35 Subject Test Refused

0.000Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 10/28/2020 12:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:28

SWEETWATER PD

FERNANDEZ,O

02/05/2020

34917080A4

SWEETWATER PD

FERNANDEZ,O,

SOTO

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.078Control Test 02:15

0.000Air Blank 02:16

# 1 0.175Subject Sample 02:17

1.519Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.178Subject Sample 02:20

2.054Breath Volume 02:20

0.000Air Blank 02:21

0.078Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:22

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:06:3110/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:31

06:20

MIAMI-DADE PD

PACHECO,GEORGE

04/05/2022

05620080A1

MIAMI-DADE PD

PACHECO,GEORGE,

ADROGUE CARRASCO

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:55

0.000Air Blank 07:55

0.077Control Test 07:55

0.000Air Blank 07:56

# 1 0.131Subject Sample 07:59 Slope Not Level

1.109Breath Volume 07:59

0.000Air Blank 08:00

0.000Air Blank 08:02

# 2Subject Sample 08:05 No Sample Provided

0.000Breath Volume 08:05

0.000Air Blank 08:05

0.077Control Test 08:05

0.000Air Blank 08:06

OKDiagnostics Check 08:06

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:29:0210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:03

06:20

MIAMI-DADE PD

PACHECO,GEORGE

04/05/2020

05620080A1

MIAMI-DADE PD

PACHECO,GEORGE,

ADROGUE CARRASCO

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:26

0.000Air Blank 08:26

0.078Control Test 08:26

0.000Air Blank 08:27

# 1Subject Sample 08:27 Subject Test Refused

0.000Breath Volume 08:27

0.000Air Blank 08:28

0.078Control Test 08:28

0.000Air Blank 08:28

OKDiagnostics Check 08:29

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:2610/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:53

SWEETWATER PD

ENCARNACION,H

04/05/2022

05620080A1

SWEETWATER PD

ENCARNACION,H,

MACZON-CAMPOS

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.078Control Test 01:41

0.000Air Blank 01:41

# 1 0.169Subject Sample 01:41

2.421Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.171Subject Sample 01:44

1.890Breath Volume 01:44

0.000Air Blank 01:45

0.079Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:4210/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

22:43

SWEETWATER PD

FERNANDEZ,O

02/05/2020

34917080A4

SWEETWATER PD

FERNANDEZ,O,

SAINZPOLI

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.077Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:17 Subject Test Refused

0.000Breath Volume 23:17

0.000Air Blank 23:17

0.078Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:33:2410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:45

06:00

MIAMI-DADE PD

MELENDEZ,DOUGLAS

02/05/2020

34917080A4

MIAMI-DADE PD

MELENDEZ,DOUGLAS,

SUAREZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:16

0.000Air Blank 07:16

0.078Control Test 07:17

0.000Air Blank 07:17

# 1 0.221Subject Sample 07:20 Volume Not Met

0.371Breath Volume 07:20

0.000Air Blank 07:21

0.000Air Blank 07:23

# 2 0.208Subject Sample 07:25

2.078Breath Volume 07:25

0.000Air Blank 07:26

0.000Air Blank 07:28

# 3 0.206Subject Sample 07:31 Volume Not Met

0.363Breath Volume 07:31

0.000Air Blank 07:32

0.073Control Test 07:32 Control Outside Tolerance

0.000Air Blank 07:33

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:14:3510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:43

06:00

MIAMI-DADE PD

MELENDEZ,DOUGLAS

02/05/2020

34917080A4

MIAMI-DADE PD

MELENDEZ,DOUGLAS,

SUAREZ

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:06

0.000Air Blank 08:06

0.076Control Test 08:07

0.000Air Blank 08:07

# 1 0.201Subject Sample 08:09

1.449Breath Volume 08:09

0.000Air Blank 08:10

0.000Air Blank 08:12

# 2 0.198Subject Sample 08:12

1.894Breath Volume 08:12

0.000Air Blank 08:13

0.075Control Test 08:13

0.000Air Blank 08:14

OKDiagnostics Check 08:14

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:2410/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

23:45

MIAMI-DADE PD

MELENDEZ,DOUGLAS

02/05/2020

34917080A4

MIAMI-DADE PD

MELENDEZ,DOUGLAS,

GARCIA MARROQUIN

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.078Control Test 02:28

0.000Air Blank 02:28

# 1Subject Sample 02:29 Subject Test Refused

0.000Breath Volume 02:29

0.000Air Blank 02:29

0.078Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:1810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:33

SWEETWATER PD

FERNANDEZ,O

04/05/2022

05620080A1

SWEETWATER PD

FERNANDEZ,O,

PICADO AGUIRRE

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.078Control Test 01:26

0.000Air Blank 01:26

# 1 0.151Subject Sample 01:27

1.546Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.160Subject Sample 01:30

3.371Breath Volume 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:1710/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:40

MIAMI-DADE PD

MELENDEZ,DOUGLAS

04/05/2022

05620080A1

MIAMI-DADE PD

MELENDEZ,DOUGLAS,

BRAO

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.078Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3310/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:39

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

HERRERA

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:20

# 1 0.208Subject Sample 01:21

1.378Breath Volume 01:21

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.209Subject Sample 01:23

1.289Breath Volume 01:23

0.000Air Blank 01:24

0.075Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 10/28/2020 12:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:55:5010/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:23

09:15

MIAMI-DADE PD

WEINSTEIN,ALEXANDER

04/05/2022

05620080A1

OTHER LOCAL

PEREZ,NELSON,

RICO MONTERO

10/28/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:48

0.000Air Blank 09:49

0.080Control Test 09:49

0.000Air Blank 09:49

# 1 0.278Subject Sample 09:50

2.468Breath Volume 09:50

0.000Air Blank 09:51

0.000Air Blank 09:52

# 2 0.292Subject Sample 09:54

2.007Breath Volume 09:54

0.000Air Blank 09:54

0.080Control Test 09:55

0.000Air Blank 09:55

OKDiagnostics Check 09:55

Data Download Date/Time: 11/26/2020 00:23

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:18

MIAMI-DADE PD

GUTIERREZ,KRISTINA

04/05/2022

05620080A1

MIAMI-DADE PD

GUTIERREZ,KRISTINA,L

DELGADO

10/28/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:15

0.081Control Test 05:16

0.000Air Blank 05:16

# 1Subject Sample 05:16 Subject Test Refused

0.000Breath Volume 05:16

0.000Air Blank 05:17

0.080Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 11/26/2020 00:23

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:3210/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:19

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

PATEL

10/28/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

# 1 0.198Subject Sample 23:43

1.582Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.192Subject Sample 23:46

1.792Breath Volume 23:46

0.000Air Blank 23:47

0.077Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 11/26/2020 00:23

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:4410/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:31

MIAMI-DADE PD

QUINTANA,JORGE

04/05/2022

05620080A1

MIAMI-DADE PD

QUINTANA,JORGE,F

GONZALEZ

10/28/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1 0.261Subject Sample 02:33

2.175Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:36

# 2 0.264Subject Sample 02:37

1.757Breath Volume 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 11/26/2020 00:23

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3410/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

23:37

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

WRIGHT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:37

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 11/09/2020 15:29

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:1110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:56

02:00

Jacksonville SO

DOUGHFMAN,D

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

DE LEON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:17

0.079Control Test 03:17

0.000Air Blank 03:18

# 1 0.000Subject Sample 03:18

2.113Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.000Subject Sample 03:21

2.007Breath Volume 03:21

0.000Air Blank 03:22

0.078Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/09/2020 15:29

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2210/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

01:45

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

MEURER,D,E

OBRIEN

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.137Subject Sample 03:33

1.402Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.125Subject Sample 03:37

2.292Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 10/21/2020 11:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0910/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:00

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

MORALES ROBELO

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.079Control Test 02:52

0.000Air Blank 02:52

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:53

0.080Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 10/21/2020 11:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:5010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

00:25

Jacksonville SO

RODRIGUEZ,M

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

ALDRIDGE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 10/21/2020 11:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:2610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

02:09

Jacksonville SO

STANLEY,T

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

MINNIS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.080Control Test 03:40

0.000Air Blank 03:40

# 1 0.274Subject Sample 03:41

4.125Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.271Subject Sample 03:44

4.121Breath Volume 03:44

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/21/2020 11:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

18:46

Jacksonville SO

JONES,M

08/05/2021

17919080A1

FHP Troop G

BERRY,SHANON,E

CHAVVARRIA GUTTIERRE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

# 1 0.086Subject Sample 23:54

1.664Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.086Subject Sample 23:57

2.007Breath Volume 23:57

0.000Air Blank 23:57

0.079Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:1610/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:10

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

ARKER

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:07

0.000Air Blank 00:07

0.078Control Test 00:07

0.000Air Blank 00:08

# 1 0.135Subject Sample 00:08

2.140Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.139Subject Sample 00:11

1.539Breath Volume 00:11

0.000Air Blank 00:12

0.078Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:12:2710/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

01:45

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

ALSTOTT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:07

# 1 0.000Subject Sample 03:08

1.410Breath Volume 03:08

0.000Air Blank 03:08

0.000Air Blank 03:10

# 2 0.000Subject Sample 03:11

1.890Breath Volume 03:11

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:12

OKDiagnostics Check 03:12

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5010/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

22:39

Jacksonville SO

PETERSON,J

08/05/2021

17919080A1

Jacksonville SO

BURNS,D,L

PITTMAN

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:11

# 1 0.172Subject Sample 00:12

2.980Breath Volume 00:12

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.172Subject Sample 00:15

3.039Breath Volume 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:3010/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

00:25

Jacksonville SO

JOHNS,B

08/05/2021

17919080A1

Jacksonville SO

BURNS,D,L

SERRANO

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.079Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:38:5010/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:28

Jacksonville SO

VALERIO,E

08/05/2021

17919080A1

Jacksonville SO

FRAZIER,K,A

POWELL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:35

0.000Air Blank 18:36

0.079Control Test 18:36

0.000Air Blank 18:37

# 1Subject Sample 18:37 Subject Test Refused

0.000Breath Volume 18:37

0.000Air Blank 18:37

0.079Control Test 18:38

0.000Air Blank 18:38

OKDiagnostics Check 18:38

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:15

Jacksonville SO

MOELLER,R

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

KLEIN

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.079Control Test 03:28

0.000Air Blank 03:28

# 1 0.052Subject Sample 03:29

3.457Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.057Subject Sample 03:31

4.718Breath Volume 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:2810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

03:09

Jacksonville SO

RODRIGUEZ,M

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

CUMMINGS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:04

0.079Control Test 05:04

0.000Air Blank 05:04

# 1Subject Sample 05:06 Subject Test Refused

0.000Breath Volume 05:06

0.000Air Blank 05:06

0.079Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:5210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

21:37

Jacksonville SO

STANLEY,T

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

MCLAUGHLIN

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.079Control Test 23:15

0.000Air Blank 23:16

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:16

0.079Control Test 23:17

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:1410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

01:25

Jacksonville SO

WHITE,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

ALSAEDY

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.080Control Test 03:25

0.000Air Blank 03:25

# 1Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2010/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:19

22:45

Jacksonville SO

MANDILE,J

08/05/2021

17919080A1

Jacksonville Beach

ROBERTS,CHUCK,E

TRIEZENBERG

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

# 1 0.043Subject Sample 02:41

2.433Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.044Subject Sample 02:44

1.882Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:4510/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

01:53

Jacksonville SO

BERNARD,C

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

ORAM

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:23

# 1 0.148Subject Sample 04:24

2.312Breath Volume 04:24

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.147Subject Sample 04:27

1.937Breath Volume 04:27

0.000Air Blank 04:27

0.079Control Test 04:28

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5510/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

23:40

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

IRISH

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.159Subject Sample 01:22

2.933Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.161Subject Sample 01:25

3.035Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:3510/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:15

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

JOHNSON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:32

0.000Air Blank 21:32

0.080Control Test 21:33

0.000Air Blank 21:33

# 1Subject Sample 21:34 Subject Test Refused

0.000Breath Volume 21:34

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:1710/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

03:47

Jacksonville SO

DESOUZA,A

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

TAYLOR

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

# 1Subject Sample 05:01 Subject Test Refused

0.000Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:0310/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:03

Jacksonville SO

HIXSON,C

08/05/2021

17919080A1

Jacksonville SO

JAMES,ALFONSO,

BRUCE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.078Control Test 00:01

0.000Air Blank 00:02

# 1 0.167Subject Sample 00:02

2.414Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.166Subject Sample 00:05

2.429Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:07

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:3310/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

20:11

Jacksonville SO

PARRISH,R

08/05/2021

17919080A1

Jacksonville SO

JAMES,ALFONSO,

ROBERTS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:29

# 1 0.000Subject Sample 23:30

2.230Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.000Subject Sample 23:33

2.296Breath Volume 23:33

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:2610/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:25

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

BURNS,D,L

MERVIL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.079Control Test 00:06

0.000Air Blank 00:06

# 1 0.000Subject Sample 00:07

2.746Breath Volume 00:07

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.000Subject Sample 00:10

2.601Breath Volume 00:10

0.000Air Blank 00:10

0.079Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:17:3610/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

22:30

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

HUGHES

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.080Control Test 00:12

0.000Air Blank 00:12

# 1 0.000Subject Sample 00:13

1.804Breath Volume 00:13

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.000Subject Sample 00:16

2.296Breath Volume 00:16

0.000Air Blank 00:16

0.079Control Test 00:17

0.000Air Blank 00:17

OKDiagnostics Check 00:17

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4410/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

00:45

Jacksonville SO

MOELLER,R

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

COSTAS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

# 1 0.077Subject Sample 01:55

3.597Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.077Subject Sample 01:58

2.234Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:4110/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:20

Jacksonville SO

FISETTE,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

CARUSO

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

# 1 0.124Subject Sample 03:42

2.699Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.114Subject Sample 03:45

2.437Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:27:5010/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:20

Jacksonville SO

FISSEL,M

08/05/2021

17919080A1

Atlantic Beach PD

BERRY,SHANON,E

DELORENZO

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.177Subject Sample 04:23

2.207Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.171Subject Sample 04:26

1.332Breath Volume 04:26

0.000Air Blank 04:26

0.079Control Test 04:27

0.000Air Blank 04:27

OKDiagnostics Check 04:27

Data Download Date/Time: 10/21/2020 11:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:2410/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:00

Jacksonville SO

MOELLER,R

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

WILLIAMS

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.080Control Test 23:57

0.000Air Blank 23:57

# 2 0.000Subject Sample 23:58

2.296Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.000Subject Sample 00:01

2.222Breath Volume 00:01

0.000Air Blank 00:01

0.080Control Test 00:01

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:5910/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

04:00

Jacksonville SO

FABILA,R

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

MORIARTY

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

# 1 0.203Subject Sample 05:54

2.332Breath Volume 05:54

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.177Subject Sample 05:57

1.136Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 3 0.199Subject Sample 06:00

2.425Breath Volume 06:00

0.000Air Blank 06:01

0.079Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:1910/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:10

Jacksonville SO

RODRIGUEZ,M

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

ALESCH

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:51

0.080Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

02:37

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

GROBES,S,D

FOSS

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:08

# 1Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.079Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:5510/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

04:35

Jacksonville SO

DESOUZA,A

08/05/2021

17919080A1

Jacksonville SO

SUTTON,BRADEN,J

SWANBECK

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:56

0.000Air Blank 05:57

0.080Control Test 05:57

0.000Air Blank 05:58

# 1Subject Sample 05:58 Subject Test Refused

0.000Breath Volume 05:58

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:5410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:36

20:20

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

GROBES,S,D

FULFORD

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

# 1Subject Sample 21:58 Subject Test Refused

0.000Breath Volume 21:58

0.000Air Blank 21:59

0.080Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:1210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

22:50

Jacksonville SO

JOHNS,B

08/05/2021

17919080A1

Jacksonville SO

GROBES,S,D

ANTHONY

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:42

0.000Air Blank 00:42

0.080Control Test 00:43

0.000Air Blank 00:43

# 1Subject Sample 00:43 Subject Test Refused

0.000Breath Volume 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:0710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:45

Jacksonville SO

HIXSON,C

08/05/2021

17919080A1

Jacksonville SO

GROBES,S,D

LAKE

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.080Control Test 01:54

0.000Air Blank 01:55

# 1 0.023Subject Sample 01:56

2.824Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.018Subject Sample 01:59

2.535Breath Volume 01:59

0.000Air Blank 02:00

0.077Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:00

Jacksonville SO

DESOUZA,A

08/05/2021

17919080A1

Jacksonville SO

GROBES,S,D

FAGGART

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.080Control Test 04:17

0.000Air Blank 04:17

# 1Subject Sample 04:18 Subject Test Refused

0.000Breath Volume 04:18

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:4110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:04

21:10

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

ARRIAGE-STEVENS

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

# 1 0.124Subject Sample 01:27

2.046Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.126Subject Sample 01:30

1.218Breath Volume 01:30

0.000Air Blank 01:30

0.079Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

23:05

Jacksonville SO

DRAGOMIR,I

08/05/2021

17919080A1

FHP Troop G

CROSBY,C,B

KNIGHT

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1 0.114Subject Sample 02:20

1.375Breath Volume 02:20

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.112Subject Sample 02:25

1.761Breath Volume 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

02:24

Jacksonville SO

JENSEN,D

08/05/2021

17919080A1

Neptune Beach PD

CROSBY,C,B

DAMATO

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

# 1 0.311Subject Sample 04:41

1.648Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.292Subject Sample 04:44

1.601Breath Volume 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:1410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

01:59

Jacksonville SO

HIXSON,C

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

CAYABYAB

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.079Control Test 05:30

0.000Air Blank 05:31

# 1 0.136Subject Sample 05:31

1.296Breath Volume 05:31

0.000Air Blank 05:32

0.000Air Blank 05:34

# 2 0.131Subject Sample 05:36

1.101Breath Volume 05:36

0.000Air Blank 05:37

0.079Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:32:4510/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:06

12:17

Jacksonville SO

HARRIS,C

08/05/2021

17919080A1

Jacksonville SO

BOSTON,D,D

BRAUN-DONLEY

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:26

0.000Air Blank 14:26

0.079Control Test 14:27

0.000Air Blank 14:27

# 1 0.137Subject Sample 14:28

2.906Breath Volume 14:28

0.000Air Blank 14:28

0.000Air Blank 14:30

# 2 0.137Subject Sample 14:31

2.105Breath Volume 14:31

0.000Air Blank 14:31

0.079Control Test 14:32

0.000Air Blank 14:32

OKDiagnostics Check 14:32

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:1910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

19:55

Jacksonville SO

VANHOF,J

08/05/2021

17919080A1

Atlantic Beach PD

CROSBY,C,B

CLINE

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:17

0.080Control Test 22:17

0.000Air Blank 22:17

# 1 0.157Subject Sample 22:18

2.191Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.159Subject Sample 22:21

1.746Breath Volume 22:21

0.000Air Blank 22:22

0.079Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:3110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:04

19:56

Jacksonville SO

LAWSON,N

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

BROWN

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.080Control Test 23:24

0.000Air Blank 23:25

# 1 0.228Subject Sample 23:25

1.882Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.215Subject Sample 23:28

1.949Breath Volume 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:4010/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

22:10

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

ROMERO

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

# 1Subject Sample 01:11 Subject Test Refused

0.000Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4510/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

23:33

Jacksonville SO

SIMMONS,M

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

RODRIGUEZ-DIAZ

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.081Control Test 01:53

0.000Air Blank 01:53

# 1 0.137Subject Sample 01:55

1.539Breath Volume 01:55

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.134Subject Sample 01:58

1.750Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 11/16/2020 11:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:0110/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

02:10

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

PARKER

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:24

# 1 0.008Subject Sample 04:25

2.507Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.008Subject Sample 04:28

2.562Breath Volume 04:28

0.000Air Blank 04:29

0.079Control Test 04:29

0.000Air Blank 04:29

OKDiagnostics Check 04:30

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:1610/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:32

22:21

Jacksonville SO

YOUNG,S

08/05/2021

17919080A1

Jacksonville Beach

CROSBY,C,B

FREY

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:53

0.000Air Blank 00:54

# 1 0.116Subject Sample 00:54

1.386Breath Volume 00:54

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.113Subject Sample 00:57

1.863Breath Volume 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3710/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

21:07

Jacksonville SO

FILBERT,E

08/05/2021

17919080A1

Jacksonville Beach

LIVINGSTON,MICHAEL,

LIVINGSTON

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1Subject Sample 01:35 Subject Test Refused

0.000Breath Volume 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:37:0110/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

02:35

Jacksonville SO

HILLIER,J

08/05/2021

17919080A1

Jacksonville SO

CROSBY,C,B

DELAGE

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

# 1 0.066Subject Sample 04:32

3.718Breath Volume 04:32

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.066Subject Sample 04:35

3.593Breath Volume 04:35

0.000Air Blank 04:36

0.080Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:37

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:3110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

00:05

Jacksonville SO

COREY,H

06/05/2022

09820080A2

Jacksonville Beach

GROBES,S,D

BROCK

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1 0.115Subject Sample 03:27

4.718Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.114Subject Sample 03:30

3.277Breath Volume 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:3410/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

03:25

Jacksonville SO

WHITE,J

06/05/2022

09820080A2

Jacksonville SO

SUTTON,BRADEN,J

GEORGE

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:13

0.000Air Blank 05:14

0.080Control Test 05:14

0.000Air Blank 05:14

# 1Subject Sample 05:15 Subject Test Refused

0.000Breath Volume 05:15

0.000Air Blank 05:15

0.080Control Test 05:15

0.000Air Blank 05:16

OKDiagnostics Check 05:16

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:0810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:35

Jacksonville SO

LUGO,R

06/05/2022

09820080A2

Jacksonville SO

MEURER,D,E

RUSS

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

# 1 0.232Subject Sample 04:02

2.742Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.233Subject Sample 04:05

2.093Breath Volume 04:05

0.000Air Blank 04:06

0.079Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/16/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

11:45

FHP Troop B

MCCONNELL,JAIRUS

11/15/2021

1048227

FHP Troop B

MCCONNELL,JAIRUS,S

HARRIS

09/03/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.080Control Test 01:06

0.000Air Blank 01:07

# 1 0.116Subject Sample 01:08

2.570Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.114Subject Sample 01:11

2.671Breath Volume 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 11/01/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:57:3910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

05:20

FHP Troop B

NETTLES,JONATHAN

11/15/2021

1048227

FHP Troop B

NETTLES,JONATHAN,K

CARTAGENA

09/03/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:51

0.000Air Blank 17:52

0.078Control Test 17:52

0.000Air Blank 17:52

# 1 0.247Subject Sample 17:53

2.437Breath Volume 17:53

0.000Air Blank 17:53

0.000Air Blank 17:55

# 2 0.227Subject Sample 17:56

2.519Breath Volume 17:56

0.000Air Blank 17:56

0.078Control Test 17:57

0.000Air Blank 17:57

OKDiagnostics Check 17:57

Data Download Date/Time: 11/01/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:41

FHP Troop B

REEVES,DAVID

11/15/2021

1048227

Gilchrist County SO

MCCONNELL,JAIRUS,S

CARLISLE

09/03/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

Air Blank 03:20 RFI Detect

Air Blank 03:20 RFI Detect

Data Download Date/Time: 11/01/2020 14:07

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:0010/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:41

FHP Troop B

REEVES,DAVID

11/15/2021

1048227

Gilchrist County SO

MCCONNELL,JAIRUS,S

CARLISLE

09/03/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.074Control Test 03:23 Control Outside Tolerance

0.000Air Blank 03:24

Data Download Date/Time: 11/01/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:4110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:41

FHP Troop B

REEVES,DAVID

11/15/2021

1048227

Gilchrist County SO

MCCONNELL,JAIRUS,S

CARLISLE

09/03/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.076Control Test 03:26

0.000Air Blank 03:27

# 1 0.258Subject Sample 03:28

1.628Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.269Subject Sample 03:31

2.281Breath Volume 03:31

0.000Air Blank 03:31

0.077Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/01/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:12:5810/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:46

09:47

FHP Troop G

FROST,KEVIN

10/05/2020

24818080A3

FHP Troop G

FROST,KEVIN,W

PARKER

09/21/2020

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:07

0.000Air Blank 11:07

0.081Control Test 11:07

0.000Air Blank 11:08

# 1 0.000Subject Sample 11:08

1.933Breath Volume 11:08

0.000Air Blank 11:09

0.000Air Blank 11:11

# 2 0.000Subject Sample 11:11

3.101Breath Volume 11:11

0.000Air Blank 11:12

0.080Control Test 11:12

0.000Air Blank 11:12

OKDiagnostics Check 11:12

Data Download Date/Time: 10/29/2020 23:13

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:2710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

22:10

Bradford County SO

ROONEY,M

01/06/2022

AG000606

Starke PD

LEWIS,LAKIESHA,S

COX

09/23/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.078Control Test 22:52

0.000Air Blank 22:52

# 1 0.226Subject Sample 22:53

3.542Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.219Subject Sample 22:55

1.984Breath Volume 22:55

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 11/13/2020 07:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:5910/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:57

20:44

FHP Troop G

VISMAN,CLAYTON

01/06/2022

AG000606

FHP Troop G

VISMAN,CLAYTON,A

HENDRIETH

09/23/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:17

0.078Control Test 21:18

0.000Air Blank 21:18

# 1 0.274Subject Sample 21:20

1.351Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.282Subject Sample 21:23

2.546Breath Volume 21:23

0.000Air Blank 21:24

0.078Control Test 21:24

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 11/13/2020 07:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

01:07

Lawtey PD

TOMPKINS,DANIEL

01/06/2022

AG000606

Lawtey PD

TOMPKINS,DANIEL,H

PIERCE

09/23/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:50 No Sample Provided

0.000Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:53

# 2Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 11/13/2020 07:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:21:2110/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

13:05

Williston PD

CASOLO,DOREEN

04/07/2021

937240

Williston PD

CASOLO,DOREEN,M

POAGE

09/30/2020

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:16

0.000Air Blank 14:16

0.079Control Test 14:16

0.000Air Blank 14:17

# 1 0.212Subject Sample 14:18

1.738Breath Volume 14:18

0.000Air Blank 14:18

0.000Air Blank 14:20

14:20 RFI Detect

0.000Air Blank 14:21

14:21 RFI Detect

Air Blank 14:21 RFI Detect

Data Download Date/Time: 10/30/2020 13:08

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:31:5710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

13:05

Williston PD

CASOLO,DOREEN

04/07/2021

937240

Williston PD

CASOLO,DOREEN,M

POAGE

09/30/2020

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:23

0.000Air Blank 14:24

0.079Control Test 14:24

0.000Air Blank 14:25

# 1 0.222Subject Sample 14:26

1.992Breath Volume 14:26

0.000Air Blank 14:26

0.000Air Blank 14:28

# 2Subject Sample 14:31 Sequence Aborted

0.000Breath Volume 14:31

0.000Air Blank 14:31

Data Download Date/Time: 10/30/2020 13:08

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:19:1710/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

16:55

FHP Troop A

RHODEN,DELRICKUS

07/15/2023

1349789

FHP Troop A

HARRISON,BOBBY,J

KELLEY

10/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:12

0.000Air Blank 19:13

0.080Control Test 19:13

0.000Air Blank 19:14

# 1 0.000Subject Sample 19:14

2.289Breath Volume 19:14

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.000Subject Sample 19:17

1.695Breath Volume 19:17

0.000Air Blank 19:18

0.079Control Test 19:18

0.000Air Blank 19:19

OKDiagnostics Check 19:19

Data Download Date/Time: 11/30/2020 19:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001302CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:1910/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:51

Santa Rosa County SO

LYNN,JAMISON

07/15/2023

1349789

Santa Rosa County SO

LYNN,JAMISON,C

NALL

10/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.079Control Test 19:41

0.000Air Blank 19:42

# 1 0.283Subject Sample 19:43

1.101Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:45

# 2Subject Sample 19:49 No Sample Provided

0.000Breath Volume 19:49

0.000Air Blank 19:49

0.000Air Blank 19:51

# 3Subject Sample 19:51 Subject Test Refused

0.000Breath Volume 19:51

0.000Air Blank 19:52

0.080Control Test 19:52

0.000Air Blank 19:53

OKDiagnostics Check 19:53

Data Download Date/Time: 11/30/2020 19:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:10

FHP Troop A

YASUDA,SHOHEI

08/27/2021

AG923908

FHP Troop A

YASUDA,SHOHEI,

BARTLETT

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.080Control Test 05:12

0.000Air Blank 05:12

# 1 0.169Subject Sample 05:13

3.089Breath Volume 05:13

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.159Subject Sample 05:16

2.347Breath Volume 05:16

0.000Air Blank 05:17

0.076Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 10/30/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1410/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:04

Panama City Beach PD

ARAFA,YUSUF

08/27/2021

AG923908

Panama City Beach PD

ARAFA,YUSUF,A

AMAR

10/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1 0.278Subject Sample 23:53

4.417Breath Volume 23:53

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.264Subject Sample 23:56

4.417Breath Volume 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 12/01/2020 13:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:0810/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:07

21:07

Panama City PD

HUTCHISON,JOSEPH

03/28/2023

1303107

Panama City PD

GOODWIN,NANETTE,M

MARTIN

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:04

# 1 0.185Subject Sample 22:04

3.765Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.175Subject Sample 22:07

3.460Breath Volume 22:07

0.000Air Blank 22:08

0.079Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2310/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:23

Bay County SO

ALLEN,FORREST

03/28/2023

1303107

Bay County SO

YOUNG,ALEX,R

HARRISON

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.081Control Test 22:33

0.000Air Blank 22:33

# 1Subject Sample 22:34 Subject Test Refused

0.000Breath Volume 22:34

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:2610/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:54

Bay County SO

LAROCHE,THOMAS

03/28/2023

1303107

Bay County SO

HOPKINS,DAVID,J

MARLOW

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:00

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

# 1Subject Sample 01:05 No Sample Provided

0.000Breath Volume 01:05

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:08

0.080Control Test 01:08

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:2710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:34

Bay County SO

JACKSON,JAMIE

03/28/2023

1303107

Lynn Haven PD

WARNER,JOSHUA,C

JOSHUA

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

# 1 0.199Subject Sample 22:46

3.781Breath Volume 22:46

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.183Subject Sample 22:49

2.484Breath Volume 22:49

0.000Air Blank 22:50

0.079Control Test 22:50

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:30:1910/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:48

Lynn Haven PD

DUTTON,KERRY

03/28/2023

1303107

Lynn Haven PD

DUTTON,KERRY,D

LOPEZ

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.224Subject Sample 03:25

2.238Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.244Subject Sample 03:28

3.136Breath Volume 03:28

0.000Air Blank 03:29

0.080Control Test 03:29

0.000Air Blank 03:30

OKDiagnostics Check 03:30

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:52:5010/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:26

21:35

Panama City PD

BAKER,KENTON

03/28/2023

1303107

Panama City PD

QUINN,CAMERON,B

STUDEBAKER

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:46

0.000Air Blank 22:46

0.082Control Test 22:47

0.000Air Blank 22:47

# 1 0.101Subject Sample 22:48

1.777Breath Volume 22:48

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.095Subject Sample 22:51

2.042Breath Volume 22:51

0.000Air Blank 22:51

0.081Control Test 22:52

0.000Air Blank 22:52

OKDiagnostics Check 22:52

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:1310/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:39

Bay County SO

YOUNG,ALEX

03/28/2023

1303107

Bay County SO

YOUNG,ALEX,R

GRAHAM

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.081Control Test 22:48

0.000Air Blank 22:48

# 1Subject Sample 22:48 Subject Test Refused

0.000Breath Volume 22:48

0.000Air Blank 22:49

0.081Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:3710/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:40

Bay County SO

PRICE,CARLON

03/28/2023

1303107

Bay County SO

PRICE,CARLON,E

DYER

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:44 Subject Test Refused

0.000Breath Volume 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:5410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

03:10

FHP Troop A

YASUDA,SHOHEI

03/28/2023

1303107

FHP Troop A

YASUDA,SHOHEI,

BARTLETT

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:56

0.081Control Test 04:56

0.000Air Blank 04:57

# 1 0.172Subject Sample 04:58

2.777Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.171Subject Sample 05:01

3.484Breath Volume 05:01

0.000Air Blank 05:02

0.074Control Test 05:02 Control Outside Tolerance

0.000Air Blank 05:02

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:15:0010/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:20

08:07

Panama City PD

HUTCHINSON,JOSEPH

03/28/2023

1303107

Panama City PD

HOUSE,STEVEN,D

DONNELLY

09/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:09

0.000Air Blank 09:09

0.081Control Test 09:09

0.000Air Blank 09:10

# 1 0.000Subject Sample 09:10

2.234Breath Volume 09:10

0.000Air Blank 09:11

0.000Air Blank 09:13

# 2 0.000Subject Sample 09:13

2.343Breath Volume 09:13

0.000Air Blank 09:14

0.079Control Test 09:14

0.000Air Blank 09:14

OKDiagnostics Check 09:15

Data Download Date/Time: 10/30/2020 11:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4010/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:40

Eglin AFB PD

BYLICKI,DANIEL

12/06/2020

869968

Eglin AFB PD

MITCHELL,ERICA,L

CASSIDY

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.076Control Test 04:29

0.000Air Blank 04:29

# 1Subject Sample 04:30 RFI Detect

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.075Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:46:1510/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:40

Eglin AFB PD

BYLICKI,DANIEL

12/06/2020

869968

Eglin AFB PD

MITCHELL,ERICA,L

CASSIDY

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:40

0.000Air Blank 04:41

0.075Control Test 04:41

0.000Air Blank 04:42

# 1 0.152Subject Sample 04:42

3.054Breath Volume 04:42

0.000Air Blank 04:43

0.000Air Blank 04:44

# 2 0.138Subject Sample 04:45

1.375Breath Volume 04:45

Air Blank 04:45 RFI Detect

0.000Air Blank 04:46

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:0610/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:54

Niceville PD

MITCHELL,ERICA

12/06/2020

869968

Niceville PD

MITCHELL,ERICA,L

CHRISTIANSON

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.076Control Test 06:02

0.000Air Blank 06:02

# 1Subject Sample 06:02 Subject Test Refused

0.000Breath Volume 06:02

0.000Air Blank 06:03

0.076Control Test 06:03

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:5710/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:21

Niceville PD

TRAN,DAVID

12/06/2020

869968

Niceville PD

TRAN,DAVID,V

FOYE

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:12

0.000Air Blank 22:12

0.075Control Test 22:13

0.000Air Blank 22:13

# 1 0.217Subject Sample 22:14

2.031Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.205Subject Sample 22:17

1.156Breath Volume 22:17

0.000Air Blank 22:18

0.074Control Test 22:18 Control Outside Tolerance

0.000Air Blank 22:18

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:2410/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:21

Niceville PD

TRAN,DAVID

12/06/2020

869968

Niceville PD

TRAN,DAVID,V

FOYE

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:50

0.000Air Blank 22:50

0.074Control Test 22:50 Control Outside Tolerance

0.000Air Blank 22:51

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:1510/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:21

Niceville PD

TRAN,DAVID

12/06/2020

869968

Niceville PD

TRAN,DAVID,V

FOYE

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.075Control Test 22:53

0.000Air Blank 22:54

# 1 0.201Subject Sample 22:54

1.863Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.196Subject Sample 22:57

1.871Breath Volume 22:57

0.000Air Blank 22:58

0.074Control Test 22:58 Control Outside Tolerance

0.000Air Blank 22:59

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3110/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

21:21

Niceville PD

TRAN,DAVID

02/25/2023

1283438

Niceville PD

TRAN,DAVID,V

FOYE

09/22/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:38

0.000Air Blank 23:39

0.080Control Test 23:39

0.000Air Blank 23:39

# 1 0.186Subject Sample 23:40

1.609Breath Volume 23:40

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.172Subject Sample 23:42

1.898Breath Volume 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 10/29/2020 13:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:18:4110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:44

Niceville PD

EAKINS,SIERRA

02/25/2023

1283438

Niceville PD

MACBETH,MATTHEW,R

SUMRALL

10/28/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 16:18

Air Blank 16:18 RFI Detect

Air Blank 16:18 RFI Detect

Data Download Date/Time: 11/24/2020 16:50

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:5810/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:44

Niceville PD

EAKINS,SIERRA

02/25/2023

1283438

Niceville PD

MACBETH,MATTHEW,R

SUMRALL

10/28/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:24

Air Blank 16:24 RFI Detect

0.000Air Blank 16:24

Data Download Date/Time: 11/24/2020 16:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:0810/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

15:44

Niceville PD

EAKINS,SIERRA

02/25/2023

1283438

Niceville PD

MACBETH,MATTHEW,R

SUMRALL

10/28/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:27

0.000Air Blank 16:28

0.081Control Test 16:28

0.000Air Blank 16:29

# 1 0.000Subject Sample 16:32 Volume Not Met

0.773Breath Volume 16:32

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.000Subject Sample 16:35

1.628Breath Volume 16:35

0.000Air Blank 16:36

0.000Air Blank 16:38

# 3 0.000Subject Sample 16:39

1.312Breath Volume 16:39

0.000Air Blank 16:40

0.080Control Test 16:40

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 11/24/2020 16:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:4710/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:23

03:04

Walton County SO

CARNAHAN,ANDREA

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

PORTER

10/16/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:44

0.000Air Blank 03:44

0.079Control Test 03:45

0.000Air Blank 03:45

# 1Subject Sample 03:48 No Sample Provided

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2Subject Sample 03:54 No Sample Provided

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.080Control Test 03:55

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 11/24/2020 09:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:3910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:38

Walton County SO

VENTRY,WILLIS

03/05/2021

181692

Walton County SO

COKONOUGHER,ROBERT,F

BARTENBACH

10/16/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.079Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:35 No Sample Provided

0.000Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2Subject Sample 04:41 No Sample Provided

0.000Breath Volume 04:41

0.000Air Blank 04:41

0.080Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:42

Data Download Date/Time: 11/24/2020 09:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4310/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:19

Okeechobee County SO

HUFFMAN,MATTHEW

01/15/2022

1076482

Okeechobee County SO

CALCAGNO,MERCEDES,T

GOPHER

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:55

0.000Air Blank 00:56

0.080Control Test 00:56

0.000Air Blank 00:56

# 1 0.228Subject Sample 00:57

2.046Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 00:59

# 2 0.219Subject Sample 01:00

1.402Breath Volume 01:00

0.000Air Blank 01:00

0.078Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1910/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:01

Okeechobee County SO

MOUTSCHKA,TRENTON

01/15/2022

1076482

Okeechobee PD

ROGERS,DAVID,E

BROWN

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

# 1 0.230Subject Sample 00:45

1.507Breath Volume 00:45

0.000Air Blank 00:45

0.000Air Blank 00:47

# 2 0.205Subject Sample 00:50 Volume Not Met

0.597Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 3 0.228Subject Sample 00:55

1.519Breath Volume 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:56

Okeechobee County SO

MURTAGH,ROBERT

01/15/2022

1076482

Okeechobee County SO

ROGERS,DAVID,E

JOINER

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.079Control Test 04:45

0.000Air Blank 04:46

# 1Subject Sample 04:47 Subject Test Refused

0.000Breath Volume 04:47

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:00:0410/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:32

06:03

Okeechobee County SO

ESQUIVEL,M

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

BAKER

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:53

0.000Air Blank 06:53

0.080Control Test 06:53

0.000Air Blank 06:54

# 1 0.181Subject Sample 06:54

1.785Breath Volume 06:54

0.000Air Blank 06:55

0.000Air Blank 06:57

# 2 0.192Subject Sample 06:58

1.453Breath Volume 06:58

0.000Air Blank 06:59

0.080Control Test 06:59

0.000Air Blank 06:59

OKDiagnostics Check 07:00

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:55:4610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:34

07:53

Okeechobee County SO

CHAVEZ,GABRIEL

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

PAZ HERNANDEZ

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:54

0.000Air Blank 08:54

0.066Control Test 08:55 Control Outside Tolerance

0.000Air Blank 08:55

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:58:5110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:36

07:53

Okeechobee County SO

CHAVEZ,GABRIEL

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

PAZ HERNANDEZ

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:57

0.000Air Blank 08:57

0.070Control Test 08:58 Control Outside Tolerance

0.000Air Blank 08:58

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:01:0110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:36

07:53

Okeechobee County SO

CHAVEZ,GABRIEL

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

PAZ HERNANDEZ

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:00

Air Blank 09:00 RFI Detect

0.000Air Blank 09:01

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3710/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:59

Okeechobee County SO

CAULEY,MICHEAL

01/15/2022

1076482

Okeechobee County SO

CALCAGNO,MERCEDES,

CHAVEZ

09/02/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.080Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:26 Subject Test Refused

0.000Breath Volume 03:26

0.000Air Blank 03:26

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 10/19/2020 14:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:0510/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:22

Okeechobee County SO

ESQUIVEL,MISEI

01/15/2022

1076482

Okeechobee County SO

ESQUIVEL,MISEI,

THOMPSON

10/19/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.080Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:15 Subject Test Refused

0.000Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 11/17/2020 12:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:33:1210/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

16:49

Okeechobee County SO

CAULEY,M

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

GONZALES

10/19/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:24

0.000Air Blank 17:25

0.080Control Test 17:25

0.000Air Blank 17:26

# 1 0.123Subject Sample 17:29 Volume Not Met

0.019Breath Volume 17:29

0.000Air Blank 17:29

0.000Air Blank 17:31

# 2Subject Sample 17:31 Subject Test Refused

0.000Breath Volume 17:31

0.000Air Blank 17:32

0.079Control Test 17:32

0.000Air Blank 17:33

OKDiagnostics Check 17:33

Data Download Date/Time: 11/17/2020 12:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:2710/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:26

Port St. Lucie PD

APPLEBAUM,KEITH

04/05/2021

03519080A4

Port St. Lucie PD

MCINERNEY,JESSE,L

ANDREWS

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.194Subject Sample 03:13

2.722Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.192Subject Sample 03:16

2.949Breath Volume 03:16

0.000Air Blank 03:17

0.078Control Test 03:17

0.000Air Blank 03:18

OKDiagnostics Check 03:18

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:53:4310/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:00

10:01

Port St. Lucie PD

THOMAS,BRYCE

04/05/2021

03519080A4

Port St. Lucie PD

CHUNN,PETER,E

PIERCE

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:46

0.000Air Blank 10:46

0.079Control Test 10:47

0.000Air Blank 10:47

# 1 0.127Subject Sample 10:49

1.199Breath Volume 10:49

0.000Air Blank 10:50

0.000Air Blank 10:51

# 2 0.117Subject Sample 10:52

1.324Breath Volume 10:52

0.000Air Blank 10:52

0.078Control Test 10:53

0.000Air Blank 10:53

OKDiagnostics Check 10:53

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:4010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:46

Port St. Lucie PD

ILER,JARROD

04/05/2021

03519080A4

Port St. Lucie PD

MCINERNEY,JESSE,L

PRISCO

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.079Control Test 02:39

0.000Air Blank 02:40

# 1 0.134Subject Sample 02:43 Volume Not Met

0.199Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.158Subject Sample 02:46

1.367Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 3 0.169Subject Sample 02:50

1.921Breath Volume 02:50

0.000Air Blank 02:50

0.076Control Test 02:51

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:50:0210/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:19

20:03

Port St. Lucie PD

GONCALVES,JOAO

04/05/2021

03519080A4

Port St. Lucie PD

GARCIA,SALVADOR,

KING

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.080Control Test 20:42

0.000Air Blank 20:42

# 1 0.206Subject Sample 20:45

1.425Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.192Subject Sample 20:48

1.148Breath Volume 20:48

0.000Air Blank 20:49

0.076Control Test 20:49

0.000Air Blank 20:49

OKDiagnostics Check 20:50

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:2710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:55

Port St. Lucie PD

APPELBAUM,KEITH

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

BRYANT

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.080Control Test 23:44

0.000Air Blank 23:44

# 1 0.000Subject Sample 23:45

4.285Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.000Subject Sample 23:48

4.449Breath Volume 23:48

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2010/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:37

Port St. Lucie PD

GASPAR,B

04/05/2021

03519080A4

Port St. Lucie PD

RICCARDI,A,

CONNOR

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:13

0.080Control Test 02:13

0.000Air Blank 02:14

# 1Subject Sample 02:17 No Sample Provided

0.000Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2Subject Sample 02:22 No Sample Provided

0.000Breath Volume 02:22

0.000Air Blank 02:23

0.080Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:3410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:37

Port St. Lucie PD

GASPAR,B

04/05/2021

03519080A4

Port St. Lucie PD

RICCARDI,A,

CONNOR

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

# 1 0.168Subject Sample 02:42

2.812Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.171Subject Sample 02:47

2.214Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:47

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0310/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:26

Port St. Lucie PD

THOMAS,BRYCE

04/05/2021

03519080A4

Port St. Lucie PD

LEEFLANG,DANIEL,B

BELL

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.079Control Test 04:02

0.000Air Blank 04:03

# 1 0.110Subject Sample 04:03

4.433Breath Volume 04:03

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.105Subject Sample 04:06

4.417Breath Volume 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:3010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:55

18:50

Port St. Lucie PD

BROSTENAUNT,SARAH

04/05/2021

03519080A4

Port St. Lucie PD

GHOBRIAL,MARTIN,A

RIVERA

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.080Control Test 19:29

0.000Air Blank 19:29

# 1 0.204Subject Sample 19:30

1.867Breath Volume 19:30

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.203Subject Sample 19:32

1.847Breath Volume 19:32

0.000Air Blank 19:33

0.079Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:2010/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:04

Port St. Lucie PD

MORESTANT,J

04/05/2021

03519080A4

Port St. Lucie PD

RICCARDI,A,

KRISCHKE

09/22/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:56

# 1 0.078Subject Sample 03:00 Volume Not Met

0.179Breath Volume 03:00

0.000Air Blank 03:00

0.000Air Blank 03:02

# 2 0.075Subject Sample 03:03

1.843Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 3 0.076Subject Sample 03:06

1.523Breath Volume 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 10/30/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:1010/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

21:04

Indian River Co SO

MCKENZIE,D

07/09/2021

980558

Indian River Co SO

SIGNORELLI,A,

WEBB

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:59

0.000Air Blank 21:59

0.079Control Test 22:00

0.000Air Blank 22:00

# 1Subject Sample 22:00 Subject Test Refused

0.000Breath Volume 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:38

Vero Beach PD

SAUCIER,MORGAN

07/09/2021

980558

Vero Beach PD

NANNEY,DALLAS,L

NANNEY

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:30 No Sample Provided

0.000Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:33

# 2Subject Sample 01:34 Sequence Aborted

0.000Breath Volume 01:34

0.000Air Blank 01:35

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:4610/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

03:08

Indian River Co SO

YORK,JIMMY

07/09/2021

980558

Indian River Co SO

KING,SHAKAYLA,

INGRAHAM

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.080Control Test 03:47

0.000Air Blank 03:48

# 1 0.152Subject Sample 03:49

2.367Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.152Subject Sample 03:52

1.898Breath Volume 03:52

0.000Air Blank 03:52

0.078Control Test 03:53

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:0710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:23

Indian River Co SO

SANDERS,B

07/09/2021

980558

Indian River Co SO

KEARSE,A,

BURGER

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:30

# 1Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:31

0.079Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:36

Indian River Co SO

MANGEL,M

07/09/2021

980558

Indian River Co SO

KING,SHAKAYLA,M

THACKER

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.079Control Test 01:06

0.000Air Blank 01:07

# 1Subject Sample 01:10 No Sample Provided

0.000Breath Volume 01:10

0.000Air Blank 01:10

0.000Air Blank 01:12

# 2Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:14

0.079Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:1010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:56

Indian River Co SO

YORK,JIMMY

07/09/2021

980558

Indian River Co SO

KING,SHAKAYLA,

MARSH

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.078Control Test 02:32

0.000Air Blank 02:32

# 1 0.141Subject Sample 02:33

1.777Breath Volume 02:33

0.000Air Blank 02:34

0.000Air Blank 02:35

# 2 0.144Subject Sample 02:36

2.472Breath Volume 02:36

0.000Air Blank 02:37

0.078Control Test 02:37

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:37:4110/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:47

10:31

Indian River Co SO

THOMAS,ADREAN

07/09/2021

980558

Indian River Co SO

KANTORSKI,MARK,A

RAMOS

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:30

0.000Air Blank 12:30

0.079Control Test 12:31

0.000Air Blank 12:31

# 1 0.212Subject Sample 12:32

3.644Breath Volume 12:32

0.000Air Blank 12:33

0.000Air Blank 12:35

# 2 0.212Subject Sample 12:36

3.554Breath Volume 12:36

0.000Air Blank 12:36

0.078Control Test 12:37

0.000Air Blank 12:37

OKDiagnostics Check 12:37

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:5010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

02:13

Indian River Co SO

MANGEL,M

07/09/2021

980558

Indian River Co SO

SIGNORELLI,A,

NGUYEN

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.193Subject Sample 02:58

1.988Breath Volume 02:58

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.187Subject Sample 03:01

1.601Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:45:2710/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:15

13:41

Indian River Co SO

LANNING,A

07/09/2021

980558

Indian River Shores

WOOD,THERESA,K

WALSH

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:39

0.000Air Blank 14:39

0.080Control Test 14:40

0.000Air Blank 14:40

# 1 0.285Subject Sample 14:41

1.753Breath Volume 14:41

0.000Air Blank 14:41

0.000Air Blank 14:43

# 2 0.287Subject Sample 14:43

2.316Breath Volume 14:43

0.000Air Blank 14:44

0.080Control Test 14:44

0.000Air Blank 14:45

OKDiagnostics Check 14:45

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:0410/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

00:01

Indian River Co SO

DAUGHERTY,P

07/09/2021

980558

Indian River Co SO

RUDOLPH,B,D

GERO

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:43

0.080Control Test 00:43

0.000Air Blank 00:44

# 1Subject Sample 00:44 Subject Test Refused

0.000Breath Volume 00:44

0.000Air Blank 00:45

0.080Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:46

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:0210/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:03

Indian River Co SO

SINGH,T

07/09/2021

980558

Sebastian PD

SIGNORELLI,A,

NEEBE

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.079Control Test 21:54

0.000Air Blank 21:55

# 1 0.120Subject Sample 21:58

1.308Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.124Subject Sample 22:01

1.281Breath Volume 22:01

0.000Air Blank 22:02

0.078Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:03

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:3010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:11

Indian River Co SO

FARINACCI,D

07/09/2021

980558

Indian River Co SO

RUDOLPH,B,D

MORRISON

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.078Control Test 01:21

0.000Air Blank 01:22

# 1 0.086Subject Sample 01:23

1.203Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.079Subject Sample 01:26

1.453Breath Volume 01:26

0.000Air Blank 01:27

0.078Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:41

Indian River Co SO

BRASHEARS,E

07/09/2021

980558

Indian River Co SO

GRANDY,KEVIN,

BEYERSDORFER

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.079Control Test 03:51

0.000Air Blank 03:51

# 1 0.000Subject Sample 03:52

2.789Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.000Subject Sample 03:55

2.707Breath Volume 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:0710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:07

Indian River Co SO

SANTANA,R

07/09/2021

980558

Indian River Co SO

RODRIGUEZ,MAEGAN,R

DEAGUILAR

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

# 1 0.285Subject Sample 22:03

1.441Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:05

# 2 0.280Subject Sample 22:06

1.523Breath Volume 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:2110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:36

Indian River Co SO

LUNA,A

07/09/2021

980558

Vero Beach PD

GRANDY,KEVIN,

TROCONIS

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.079Control Test 00:26

0.000Air Blank 00:26

# 1 0.141Subject Sample 00:27

2.468Breath Volume 00:27

0.000Air Blank 00:27

0.000Air Blank 00:29

# 2 0.138Subject Sample 00:30

2.589Breath Volume 00:30

0.000Air Blank 00:31

0.078Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:5810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:53

Indian River Co SO

CASTANO,C

07/09/2021

980558

Indian River Co SO

RUDOLPH,B,D

EWING

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:39

0.000Air Blank 02:39

# 1 0.212Subject Sample 02:41

1.433Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:43

# 2 0.205Subject Sample 02:44

1.414Breath Volume 02:44

0.000Air Blank 02:45

0.078Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:51:5010/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

02:42

Indian River Co SO

SINGH,T

07/09/2021

980558

Sebastian PD

CINTRON,J,

ROGERS

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:49

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:50

# 1Subject Sample 04:50 Subject Test Refused

0.000Breath Volume 04:50

0.000Air Blank 04:50

0.080Control Test 04:51

0.000Air Blank 04:51

OKDiagnostics Check 04:51

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:2910/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:50

Indian River Co SO

BRASHEARS,E

07/09/2021

980558

Indian River Co SO

KEARSE,A,

ROMANEK

09/04/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:25

0.079Control Test 01:26

0.000Air Blank 01:26

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/23/2020 13:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:35

Indian River Co SO

HOILETT,D

07/09/2021

980558

Indian River Co SO

CINTRON,J,

BASHORE

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:11

# 1 0.135Subject Sample 01:12

3.554Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.132Subject Sample 01:15

3.652Breath Volume 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 11/01/2020 19:27

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:5110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:46

Indian River Co SO

MANGEL,M

07/09/2021

980558

Indian River Co SO

RUDOLPH,B,D

HAGEMAN

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

# 1 0.237Subject Sample 02:20

1.484Breath Volume 02:20

0.000Air Blank 02:20

0.000Air Blank 02:22

# 2 0.240Subject Sample 02:23

1.722Breath Volume 02:23

0.000Air Blank 02:23

0.080Control Test 02:24

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:30

Indian River Co SO

HOILETT,D

07/09/2021

980558

Indian River Co SO

CINTRON,J,

BARRY

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1Subject Sample 03:10 Subject Test Refused

0.000Breath Volume 03:10

0.000Air Blank 03:10

0.080Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:2710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:28

Indian River Co SO

JOERGER,S

07/09/2021

980558

Indian River Co SO

CINTRON,J,

JACKSON

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:50

0.080Control Test 03:50

0.000Air Blank 03:51

# 1Subject Sample 03:54 No Sample Provided

0.000Breath Volume 03:54

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2Subject Sample 03:57 Subject Test Refused

0.000Breath Volume 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:1610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:40

Indian River Co SO

HENGST,J

07/09/2021

980558

Indian River Co SO

CINTRON,J,

PEACOCK

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1Subject Sample 03:34 Subject Test Refused

0.000Breath Volume 03:34

0.000Air Blank 03:35

0.079Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:5610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:28

Indian River Co SO

MCKENZE,B

07/09/2021

980558

Sebastian PD

RAYMOND,FRANK,W

BEDEA

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:41

0.080Control Test 15:41

0.000Air Blank 15:42

# 1 0.017Subject Sample 15:43

1.242Breath Volume 15:43

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2 0.015Subject Sample 15:46

1.750Breath Volume 15:46

0.000Air Blank 15:47

0.080Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:28:2910/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:31

Indian River Co SO

OREHOSTKY,G

07/09/2021

980558

Indian River Co SO

WHILE,C,

ODONNELL

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:22

0.000Air Blank 16:22

0.080Control Test 16:23

0.000Air Blank 16:23

# 1 0.286Subject Sample 16:24

2.597Breath Volume 16:24

0.000Air Blank 16:24

0.000Air Blank 16:26

# 2 0.271Subject Sample 16:26

1.746Breath Volume 16:26

0.000Air Blank 16:27

0.079Control Test 16:27

0.000Air Blank 16:28

OKDiagnostics Check 16:28

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:3610/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:44

Indian River Co SO

HOILETT,D

07/09/2021

980558

Indian River Co SO

HISS,J,M

WADSWORTH

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.079Control Test 21:47

0.000Air Blank 21:48

# 1 0.133Subject Sample 21:51 Volume Not Met

0.050Breath Volume 21:51

0.000Air Blank 21:52

0.000Air Blank 21:53

# 2Subject Sample 21:54 Subject Test Refused

0.000Breath Volume 21:54

0.000Air Blank 21:54

0.078Control Test 21:55

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:0710/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

20:44

Indian River Co SO

HOILETT,D

07/09/2021

980558

Indian River Co SO

HISS,J,M

WADSWORTH

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:59

# 1 0.114Subject Sample 22:02 Volume Not Met

0.097Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:04

# 2Subject Sample 22:05 Subject Test Refused

0.000Breath Volume 22:05

0.000Air Blank 22:06

0.077Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:2510/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:42

Indian River Co SO

SZOTT,M

07/09/2021

980558

Indian River Co SO

KEARSE,A,

GALLETTA

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:35

0.079Control Test 01:35 RFI Detect

0.000Air Blank 01:36

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:5910/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:42

Indian River Co SO

SZOTT,M

07/09/2021

980558

Indian River Co SO

KEARSE,A,

GALLETTA

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.080Control Test 01:40

0.000Air Blank 01:41

# 1 0.147Subject Sample 01:44 Volume Not Met

0.261Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.147Subject Sample 01:47

1.617Breath Volume 01:47

0.000Air Blank 01:48

0.000Air Blank 01:50

# 3 0.151Subject Sample 01:51

1.238Breath Volume 01:51

0.000Air Blank 01:52

0.078Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:3510/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:26

04:08

Indian River Co SO

RUIZ,M

07/09/2021

980558

Indian River Co SO

CINTRON,J,

MATTERN

10/23/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:48

0.000Air Blank 04:48

0.079Control Test 04:48

0.000Air Blank 04:49

# 1 0.114Subject Sample 04:50

3.359Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.106Subject Sample 04:54

3.597Breath Volume 04:54

0.000Air Blank 04:54

0.079Control Test 04:54

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 11/01/2020 19:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:4310/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:40

DeSoto County SO

BIERMAN,BRANDON

11/05/2021

24119080A1

DeSoto County SO

MASSEY,DARRELL,L

OSBORNE

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.082Control Test 01:14

0.000Air Blank 01:15

# 1 0.188Subject Sample 01:16

1.730Breath Volume 01:16

Air Blank 01:16 Improper Sample

0.000Air Blank 01:16

0.081Control Test 01:17

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 10/02/2020 15:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:40

DeSoto County SO

BIERMAN,BRANDON

11/05/2021

24119080A1

DeSoto County SO

MASSEY,DARRELL,L

OSBORNE

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.081Control Test 01:43

0.000Air Blank 01:44

# 1 0.177Subject Sample 01:45

1.882Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.172Subject Sample 01:48

1.511Breath Volume 01:48

0.000Air Blank 01:48

0.081Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 10/02/2020 15:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:4310/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:11

DeSoto County SO

BAKER,DUSTIN

11/05/2021

24119080A1

DeSoto County SO

ORTIZ,ROBERTO,R

CUEVAS

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.080Control Test 00:53

0.000Air Blank 00:53

# 1 0.306Subject Sample 00:54

1.550Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.299Subject Sample 00:57

2.785Breath Volume 00:57

0.000Air Blank 00:57

0.079Control Test 00:58

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:4510/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

22:55

FHP Troop F

ACEVEDO,EMMANUEL

11/05/2021

24119080A1

FHP Troop F

ORTIZ,ROBERTO,R

ALLEN

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.081Control Test 01:31

0.000Air Blank 01:31

# 1 0.264Subject Sample 01:32

2.605Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.258Subject Sample 01:35

1.796Breath Volume 01:35

0.000Air Blank 01:35

0.081Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:0510/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:36

DeSoto County SO

PACHECO,ERIQ

11/05/2021

24119080A1

DeSoto County SO

DAWKINS,COLBEY,M

BEACH

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:27

0.081Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:28

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:2610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

01:08

DeSoto County SO

BAKER,DUSTIN

11/05/2021

24119080A1

DeSoto County SO

ORTIZ,ROBERTO,R

MALDONADO

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:45

0.081Control Test 01:45

0.000Air Blank 01:45

# 1 0.196Subject Sample 01:46

1.117Breath Volume 01:46

0.000Air Blank 01:47

0.000Air Blank 01:49

# 2 0.189Subject Sample 01:49

1.664Breath Volume 01:49

0.000Air Blank 01:50

0.080Control Test 01:50

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3210/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:49

DeSoto County SO

BAKER,DUSTIN

11/05/2021

24119080A1

DeSoto County SO

DAVIS,JOHN,P

DANIELS

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:34

0.081Control Test 02:34

0.000Air Blank 02:35

# 1Subject Sample 02:35 Subject Test Refused

0.000Breath Volume 02:35

0.000Air Blank 02:35

0.081Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2710/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:31

DeSoto County SO

CARROLL,STEVE

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

LYONS

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.082Control Test 01:07

0.000Air Blank 01:08

# 1 0.176Subject Sample 01:08

3.101Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.177Subject Sample 01:12

1.273Breath Volume 01:12

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:22

DeSoto County SO

MARINO,WARREN

11/05/2021

24119080A1

DeSoto County SO

DAWKINS,COLBEY,M

AMES

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

# 1 0.134Subject Sample 01:07

2.886Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.132Subject Sample 01:10

3.640Breath Volume 01:10

0.000Air Blank 01:11

0.081Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:5710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:15

DeSoto County SO

BIERMAN,BRANDON

11/05/2021

24119080A1

DeSoto County SO

MACK,BRITTANICA,T

JACKSON

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:10

0.000Air Blank 17:11

0.081Control Test 17:11

0.000Air Blank 17:11

# 1 0.000Subject Sample 17:14 Volume Not Met

0.214Breath Volume 17:14

0.000Air Blank 17:15

0.000Air Blank 17:17

# 2 0.000Subject Sample 17:20 Volume Not Met

0.839Breath Volume 17:20

0.000Air Blank 17:21

0.081Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:38:0010/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:45

16:15

DeSoto County SO

BIERMAN,BRANDON

11/05/2021

24119080A1

DeSoto County SO

MACK,BRITTANICA,T

JACKSON

09/28/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:25

0.081Control Test 17:26

0.000Air Blank 17:26

# 1 0.000Subject Sample 17:27

1.871Breath Volume 17:27

0.000Air Blank 17:28

0.000Air Blank 17:30

# 2 0.000Subject Sample 17:33 Volume Not Met

0.109Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 3 0.000Subject Sample 17:36

1.648Breath Volume 17:36

0.000Air Blank 17:37

0.081Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:38

Data Download Date/Time: 10/27/2020 09:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:10:5910/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:19

DeSoto County SO

MATOS,FRANK

11/05/2021

24119080A1

Arcadia PD

WEMHEUER,MICHAEL,W

CARLTON

10/27/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:07

0.000Air Blank 16:08

0.082Control Test 16:08

0.000Air Blank 16:09

# 1Subject Sample 16:09 Subject Test Refused

0.000Breath Volume 16:09

0.000Air Blank 16:10

0.081Control Test 16:10

0.000Air Blank 16:10

OKDiagnostics Check 16:10

Data Download Date/Time: 11/06/2020 15:08

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3210/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:44

18:43

North Port PD

CAMBRIA,STEVEN

08/05/2021

17919080A2

North Port PD

CAMBRIA,STEVEN,J

MCGANN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.080Control Test 20:06

0.000Air Blank 20:07

# 1 0.157Subject Sample 20:08

2.765Breath Volume 20:08

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.129Subject Sample 20:11

1.664Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 3 0.153Subject Sample 20:13

2.718Breath Volume 20:13

0.000Air Blank 20:14

0.079Control Test 20:15 Interferent Detect

0.000Air Blank 20:15

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5110/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:14

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

CABAN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

# 1 0.237Subject Sample 03:03

2.187Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.228Subject Sample 03:06

1.777Breath Volume 03:06

0.000Air Blank 03:06

0.077Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:4010/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:22

17:57

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

POOLE

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:42

0.000Air Blank 18:43

0.078Control Test 18:43

0.000Air Blank 18:43

# 1 0.144Subject Sample 18:44

3.246Breath Volume 18:44

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.145Subject Sample 18:47

3.191Breath Volume 18:47

0.000Air Blank 18:47

0.080Control Test 18:48

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:5010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:23

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

MCLAUGHLIN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

# 1 0.187Subject Sample 00:11

1.566Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.167Subject Sample 00:15

1.312Breath Volume 00:15

0.000Air Blank 00:15

0.077Control Test 00:16

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:2810/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:46

Sarasota County SO

MILLER,DEP R

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

WIDNER

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.178Subject Sample 01:32

1.390Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 2 0.190Subject Sample 01:35

2.660Breath Volume 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1210/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:52

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

REX

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

# 1Subject Sample 02:35 No Sample Provided

0.000Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:41

0.080Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:1310/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:19

Sarasota County SO

ACKLEY,DEP M

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

Z520520712010

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

# 1 0.193Subject Sample 03:23

2.753Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.184Subject Sample 03:26

2.113Breath Volume 03:26

0.000Air Blank 03:27

0.078Control Test 03:27

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:4410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:25

15:45

Sarasota PD

GICZEWSKI,OFC

08/05/2021

17919080A2

Sarasota PD

VERMILLION,OFC,B

PASCALE

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:46

0.000Air Blank 16:46

0.080Control Test 16:47

0.000Air Blank 16:47

# 1 0.292Subject Sample 16:48

2.464Breath Volume 16:48

0.000Air Blank 16:48

0.000Air Blank 16:50

# 2 0.274Subject Sample 16:51

2.195Breath Volume 16:51

0.000Air Blank 16:52

0.080Control Test 16:52

0.000Air Blank 16:53

FailDiagnostics Check 16:53 Analytical Stability Test

0.000Air Blank 16:53

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1910/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:53

Sarasota County SO

SANDERS,DEPUTY J.

08/05/2021

17919080A2

Sarasota County SO

SANDERS,DEPUTY,J

HIGGINS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:50

0.080Control Test 00:50

0.000Air Blank 00:51

# 1 0.016Subject Sample 00:54 Volume Not Met

0.062Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.019Subject Sample 00:59 Volume Not Met

0.093Breath Volume 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:3110/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:18

Sarasota County SO

MILLER,DEP R

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

STANFORTH JR

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1 0.185Subject Sample 03:10

3.332Breath Volume 03:10

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.177Subject Sample 03:12

3.328Breath Volume 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:2910/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:13

Sarasota County SO

MARTIN,KYLE

08/05/2021

17919080A2

Sarasota County SO

MARTIN,DEPUTY,

MARTINEZ-CORTES

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.080Control Test 20:38

0.000Air Blank 20:38

# 1 0.108Subject Sample 20:42 Volume Not Met

0.734Breath Volume 20:42

0.000Air Blank 20:42

0.000Air Blank 20:44

# 2 0.107Subject Sample 20:45

1.601Breath Volume 20:45

0.000Air Blank 20:45

0.000Air Blank 20:47

# 3 0.108Subject Sample 20:47

1.375Breath Volume 20:47

0.000Air Blank 20:48

0.076Control Test 20:48

0.000Air Blank 20:49

OKDiagnostics Check 20:49

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4710/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:59

Sarasota County SO

BUEHLER,DEP

07/05/2022

14020080A1

Sarasota County SO

BUEHLER,DEP,M

DA CONCEICAO

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:02

0.000Air Blank 22:03

0.080Control Test 22:03

0.000Air Blank 22:04

# 1 0.174Subject Sample 22:07

1.675Breath Volume 22:07

0.000Air Blank 22:07

0.000Air Blank 22:09

# 2 0.173Subject Sample 22:10

1.250Breath Volume 22:10

0.000Air Blank 22:10

0.078Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:36:4510/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:10

11:23

FHP Troop F

FLOW,JOSHUA

08/05/2021

17919080A2

FHP Troop F

FLOW,JOSHUA,M

KINGSTON

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:30

0.000Air Blank 12:31

0.079Control Test 12:31

0.000Air Blank 12:32

# 1 0.216Subject Sample 12:32

1.304Breath Volume 12:32

0.000Air Blank 12:33

0.000Air Blank 12:34

# 2 0.205Subject Sample 12:35

1.210Breath Volume 12:35

0.000Air Blank 12:35

0.077Control Test 12:36

0.000Air Blank 12:36

OKDiagnostics Check 12:36

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:2210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

18:43

Sarasota County SO

BUEHLER,DEP

07/05/2022

14020080A1

Sarasota County SO

BUEHLER,DEP,M

CUDDIHY

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.079Control Test 20:34

0.000Air Blank 20:34

# 1 0.218Subject Sample 20:34

3.308Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.209Subject Sample 20:37

3.582Breath Volume 20:37

0.000Air Blank 20:38

0.079Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:2710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:20

18:41

Sarasota County SO

ROWELL,J

07/05/2022

14020080A1

Venice PD

MITCHELL,N,N

WALKER

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

# 1Subject Sample 21:05 Subject Test Refused

0.121Breath Volume 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

OKDiagnostics Check 21:07

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:47

Sarasota County SO

BUEHLER,DEP

07/05/2022

14020080A1

Sarasota County SO

BUEHLER,DEP,M

DAVIS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:37

0.079Control Test 00:38

0.000Air Blank 00:38

# 1 0.000Subject Sample 00:39

1.652Breath Volume 00:39

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.000Subject Sample 00:42

1.214Breath Volume 00:42

0.000Air Blank 00:42

0.079Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:27:5910/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:04

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

HARTMAN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:16

# 1 0.128Subject Sample 05:20 Volume Not Met

0.937Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.142Subject Sample 05:22

1.816Breath Volume 05:22

0.000Air Blank 05:23

0.000Air Blank 05:25

# 3Subject Sample 05:26 Subject Test Refused

0.351Breath Volume 05:26

0.000Air Blank 05:27

0.075Control Test 05:27

Air Blank 05:27 RFI Detect

Air Blank 05:27 RFI Detect

Data Download Date/Time: 10/30/2020 11:06

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:2410/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

22:56

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

FRYE

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:53

# 1 0.118Subject Sample 23:54

2.609Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:56

# 2 0.116Subject Sample 23:57

2.273Breath Volume 23:57

0.000Air Blank 23:58

0.079Control Test 23:58

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:4610/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

23:59

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

WILLIAMS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:54

0.000Air Blank 00:55

# 1 0.165Subject Sample 00:56

1.500Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.145Subject Sample 00:59

1.671Breath Volume 00:59

0.000Air Blank 00:59

0.077Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:56:0910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:29

06:56

Sarasota County SO

PUFAHL,G

07/05/2022

14020080A1

Sarasota County SO

PUFAHL,G,

SCHULTZ

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:49

0.000Air Blank 07:50

0.079Control Test 07:50

0.000Air Blank 07:50

# 1 0.131Subject Sample 07:51

2.734Breath Volume 07:51

0.000Air Blank 07:52

0.000Air Blank 07:53

# 2 0.137Subject Sample 07:54

3.113Breath Volume 07:54

0.000Air Blank 07:55

0.079Control Test 07:55

0.000Air Blank 07:56

OKDiagnostics Check 07:56

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:50:3910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:15

13:10

Sarasota PD

SKINNER,OFC

08/05/2021

17919080A2

Sarasota PD

VERMILLION,OFC,B

SHERIDAN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:44

0.000Air Blank 13:44

0.079Control Test 13:45

0.000Air Blank 13:45

# 1 0.185Subject Sample 13:46

3.894Breath Volume 13:46

0.000Air Blank 13:46

0.000Air Blank 13:48

# 2 0.180Subject Sample 13:49

3.539Breath Volume 13:49

0.000Air Blank 13:49

0.078Control Test 13:50

Air Blank 13:50 RFI Detect

0.000Air Blank 13:50

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:54:0810/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:16

14:16

Sarasota County SO

COLLISON,K

08/05/2021

17919080A2

Sarasota County SO

SURRAN,DEPUTY,C

MASHKE

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:47

0.000Air Blank 15:48

0.079Control Test 15:48

0.000Air Blank 15:49

# 1 0.317Subject Sample 15:49

1.343Breath Volume 15:49

0.000Air Blank 15:50

0.000Air Blank 15:51

# 2 0.321Subject Sample 15:52

1.246Breath Volume 15:52

0.000Air Blank 15:53

0.080Control Test 15:53

0.000Air Blank 15:54

OKDiagnostics Check 15:54

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:4010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:24

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

DUNN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:21

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

# 1 0.193Subject Sample 20:22

2.453Breath Volume 20:22

0.000Air Blank 20:23

0.000Air Blank 20:25

# 2Subject Sample 20:28 No Sample Provided

0.000Breath Volume 20:28

0.000Air Blank 20:29

0.000Air Blank 20:31

# 3 0.000Subject Sample 20:34 Volume Not Met

0.179Breath Volume 20:34

0.000Air Blank 20:34

0.077Control Test 20:35

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:0710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

21:29

Sarasota County SO

BROOKS,OFFICER

07/05/2022

14020080A1

Sarasota PD

BILHARDT,DEP,K

GILKERSON

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.081Control Test 22:52

0.000Air Blank 22:52

# 1 0.221Subject Sample 22:53

1.363Breath Volume 22:53

0.000Air Blank 22:53

0.000Air Blank 22:55

# 2 0.213Subject Sample 22:56

1.824Breath Volume 22:56

0.000Air Blank 22:57

0.078Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:5910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:45

22:09

FFWCC (Lakeland)

JOHNSTON,MATTHEW

07/05/2022

14020080A1

FFWCC (Lakeland)

DALTON,JASON,A

BUTLER

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.080Control Test 00:18

0.000Air Blank 00:18

# 1 0.085Subject Sample 00:20

2.867Breath Volume 00:20

0.000Air Blank 00:20

0.000Air Blank 00:22

# 2 0.085Subject Sample 00:23

2.332Breath Volume 00:23

0.000Air Blank 00:24

0.079Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:3910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

17:30

Sarasota PD

VERMILLION,OFC

08/05/2021

17919080A2

Sarasota PD

VERMILLION,OFC,B

BEAUDETTE

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:02

0.000Air Blank 22:02

0.076Control Test 22:03

0.000Air Blank 22:03

# 1 0.169Subject Sample 22:04

3.484Breath Volume 22:04

0.000Air Blank 22:04

0.000Air Blank 22:06

# 2 0.164Subject Sample 22:07

3.269Breath Volume 22:07

0.000Air Blank 22:07

0.078Control Test 22:08

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:3510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

21:39

Sarasota County SO

MILLER,DEP R

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

JOHNSON

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

# 1 0.129Subject Sample 22:51

2.238Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.124Subject Sample 22:54

3.367Breath Volume 22:54

0.000Air Blank 22:54

0.078Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:5510/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:11

19:53

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

BELL,D,

LIN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:32

0.000Air Blank 20:33

# 1 0.000Subject Sample 20:33

3.476Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.000Subject Sample 20:36

2.964Breath Volume 20:36

0.000Air Blank 20:37

0.080Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:4710/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

01:06

Sarasota County SO

ASCENCIO,J

08/05/2021

17919080A2

Longboat Key PD

BELL,D,

MACEIKONIS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:52

# 1 0.000Subject Sample 03:52

3.949Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.000Subject Sample 03:55

3.882Breath Volume 03:55

0.000Air Blank 03:55

0.079Control Test 03:56

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:0310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

23:51

Sarasota County SO

COKER,OFC

07/05/2022

14020080A1

North Port PD

RODRIGUEZ,DANIEL,

SPIRK

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

# 1 0.145Subject Sample 01:33

2.183Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:35

# 2 0.140Subject Sample 01:36

2.058Breath Volume 01:36

0.000Air Blank 01:37

0.078Control Test 01:37

0.000Air Blank 01:37

OKDiagnostics Check 01:38

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:43:0110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:08

19:22

Sarasota County SO

BARR,J

08/05/2021

17919080A2

Sarasota County SO

BARR,J,

STRAND

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.079Control Test 20:29

0.000Air Blank 20:30

# 1 0.118Subject Sample 20:32

1.160Breath Volume 20:32

0.000Air Blank 20:32

0.000Air Blank 20:34

# 2Subject Sample 20:37 No Sample Provided

0.000Breath Volume 20:37

0.000Air Blank 20:38

0.000Air Blank 20:40

# 3 0.115Subject Sample 20:41

1.386Breath Volume 20:41

0.000Air Blank 20:42

0.079Control Test 20:42

0.000Air Blank 20:42

OKDiagnostics Check 20:43

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:54:2710/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:41

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

JIMENEZ

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.079Control Test 00:49

0.000Air Blank 00:49

# 1 0.189Subject Sample 00:50

2.644Breath Volume 00:50

0.000Air Blank 00:50

0.000Air Blank 00:52

# 2 0.192Subject Sample 00:52

2.007Breath Volume 00:52

0.000Air Blank 00:53

0.077Control Test 00:53

0.000Air Blank 00:54

OKDiagnostics Check 00:54

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:1110/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:25

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

GUZMAN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.126Subject Sample 03:31

2.152Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.125Subject Sample 03:35

3.296Breath Volume 03:35

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:05:5210/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:26

11:56

Sarasota PD

MIKLUSCAK,ZACHARY

08/05/2021

17919080A2

Sarasota PD

BUMPUS,ELIZABETH,C

BUMPUS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:59

0.000Air Blank 13:00

0.079Control Test 13:00

0.000Air Blank 13:00

# 1 0.221Subject Sample 13:01

1.636Breath Volume 13:01

0.000Air Blank 13:02

0.000Air Blank 13:03

# 2 0.232Subject Sample 13:04

1.832Breath Volume 13:04

0.000Air Blank 13:04

0.079Control Test 13:05

0.000Air Blank 13:05

OKDiagnostics Check 13:05

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:0510/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:26

Sarasota County SO

ZWIEFELHOFER,OFC

07/05/2022

14020080A1

North Port PD

MATTHEWS,DEPUTY,

PANOZZO

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1 0.181Subject Sample 23:01

1.812Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.183Subject Sample 23:04

1.988Breath Volume 23:04

0.000Air Blank 23:05

0.078Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:4010/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

00:43

Sarasota County SO

WATSON,D

08/05/2021

17919080A2

Sarasota County SO

WATSON,D,

ONORATO

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:30

# 1 0.000Subject Sample 00:31

1.113Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.000Subject Sample 00:34

1.660Breath Volume 00:34

0.000Air Blank 00:34

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:2010/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:29

Sarasota County SO

MILLER,DEP R

08/05/2021

17919080A2

Sarasota County SO

MILLER,DEP,R

SURMA

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.079Control Test 01:57

0.000Air Blank 01:58

# 1 0.065Subject Sample 01:59

2.328Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.064Subject Sample 02:01

1.621Breath Volume 02:01

0.000Air Blank 02:02

0.078Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 10/30/2020 11:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:3510/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:51

Eustis PD

JOHNS,BILLY

10/12/2021

1031121

Eustis PD

ABDELMESSIH,ADAM,P

CEDILLO

09/18/2020

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:36

0.000Air Blank 01:37

0.079Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:38 Subject Test Refused

0.000Breath Volume 01:38

0.000Air Blank 01:38

0.080Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 11/15/2020 18:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:59:4010/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:51

Eustis PD

WADE,C

10/12/2021

1031121

Eustis PD

WADE,C,L

SAMPSON

09/18/2020

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:53

0.000Air Blank 17:53

0.081Control Test 17:54

0.000Air Blank 17:54

# 1 0.104Subject Sample 17:55

1.550Breath Volume 17:55

0.000Air Blank 17:55

0.000Air Blank 17:57

# 2 0.102Subject Sample 17:58

1.507Breath Volume 17:58

0.000Air Blank 17:58

0.079Control Test 17:59

0.000Air Blank 17:59

OKDiagnostics Check 17:59

Data Download Date/Time: 11/15/2020 18:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001345CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:20

Eustis PD

WILLIAMS,AUSTIN

10/12/2021

1031121

Eustis PD

PEREZ,DAVID,A

COOK

09/18/2020

8100.27

EUSTIS P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:03

# 1 0.114Subject Sample 23:04

1.679Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.118Subject Sample 23:07

2.046Breath Volume 23:07

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:09

Data Download Date/Time: 11/15/2020 18:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:35:1410/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

15:07

15:00

Charlotte County SO

PROSPER,BENSON

02/05/2021

32518080A2

Charlotte County SO

PROSPER,BENSON,

TSOURAKIS

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:28

0.000Air Blank 15:29

0.082Control Test 15:29

0.000Air Blank 15:29

# 1 0.000Subject Sample 15:31

3.234Breath Volume 15:31

0.000Air Blank 15:31

0.000Air Blank 15:33

# 2 0.000Subject Sample 15:33

3.593Breath Volume 15:33

0.000Air Blank 15:34

0.080Control Test 15:34

0.000Air Blank 15:35

OKDiagnostics Check 15:35

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:5610/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

20:35

15:28

Charlotte County SO

MARCHMANN,MARCHMANN

02/05/2021

32518080A2

Charlotte County SO

LARKINS,CLINTON,T

TSOURAKIS

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

# 1 0.000Subject Sample 22:02

2.988Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.000Subject Sample 22:05

2.949Breath Volume 22:05

0.000Air Blank 22:06

0.080Control Test 22:06

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3010/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:37

20:41

Charlotte County SO

JANKOWSKI,J

02/05/2021

32518080A2

Charlotte County SO

COURTNEY,PATRICK,R

STRONG

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:16

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:17

# 1 0.158Subject Sample 22:19

2.195Breath Volume 22:19

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.164Subject Sample 22:22

2.328Breath Volume 22:22

0.000Air Blank 22:23

0.081Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:28

Charlotte County SO

KLOER,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

SCHWOCHO,ALAN,N

MC DONALD

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.136Subject Sample 01:23 Volume Not Met

0.222Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.144Subject Sample 01:29 Volume Not Met

0.582Breath Volume 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:21:1610/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:45

11:37

Charlotte County SO

NEWTON,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

CREWS,HENRY,E

KIRKLAND

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:15

0.000Air Blank 12:15

0.080Control Test 12:16

0.000Air Blank 12:16

# 1 0.000Subject Sample 12:17

3.023Breath Volume 12:17

0.000Air Blank 12:17

0.000Air Blank 12:19

# 2 0.000Subject Sample 12:19

4.546Breath Volume 12:19

0.000Air Blank 12:20

0.080Control Test 12:20

0.000Air Blank 12:21

OKDiagnostics Check 12:21

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:03:0710/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:20

13:50

Charlotte County SO

SMITH,JOHN

02/05/2021

32518080A2

Charlotte County SO

CREWS,HENRY,E

WISE

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:48

0.000Air Blank 14:49

0.080Control Test 14:49

0.000Air Blank 14:50

# 1 0.000Subject Sample 14:50

1.148Breath Volume 14:50

0.000Air Blank 14:50

0.000Air Blank 14:52

# 2 0.000Subject Sample 14:56 Volume Not Met

0.179Breath Volume 14:56

0.000Air Blank 14:56

0.000Air Blank 14:58

# 3 0.000Subject Sample 15:01 Volume Not Met

0.148Breath Volume 15:01

0.000Air Blank 15:02

0.081Control Test 15:02

0.000Air Blank 15:03

OKDiagnostics Check 15:03

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:2710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:55

Charlotte County SO

SCHWARTZ,DFC

02/05/2021

32518080A2

Charlotte County SO

MORITZ,CDFC,

BECKMAN

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:02

0.000Air Blank 05:02

0.081Control Test 05:03

0.000Air Blank 05:03

# 1 0.087Subject Sample 05:05

1.605Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:07

# 2 0.089Subject Sample 05:08

2.843Breath Volume 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:3210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:55

Charlotte County SO

PUTMAN,DFC

02/05/2021

32518080A2

Charlotte County SO

MORITZ,CDFC,

MCINTOSH

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.081Control Test 23:53

0.000Air Blank 23:53

# 1Subject Sample 23:54 RFI Detect

0.000Breath Volume 23:54

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:55

Charlotte County SO

PUTMAN,DFC

02/05/2021

32518080A2

Charlotte County SO

MORITZ,CDFC,

MCINTOSH

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.081Control Test 23:59

0.000Air Blank 00:00

# 1 0.161Subject Sample 00:01

1.664Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.153Subject Sample 00:05

1.500Breath Volume 00:05

0.000Air Blank 00:05

0.080Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:3910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:14

Charlotte County SO

WALDROP,OFF

02/05/2021

32518080A2

Punta Gorda PD

WALDROP,P,

BROWN

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:23

0.000Air Blank 05:24

0.080Control Test 05:24

0.000Air Blank 05:24

# 1 0.167Subject Sample 05:26

2.367Breath Volume 05:26

0.000Air Blank 05:27

0.000Air Blank 05:29

# 2 0.173Subject Sample 05:30

2.066Breath Volume 05:30

0.000Air Blank 05:30

0.080Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:0610/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:23

Charlotte County SO

GANK,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

SCHWOCHO,ALAN,

MAYWEATHER

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.182Subject Sample 03:27

2.824Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.188Subject Sample 03:30

5.433Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:3410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:14

Charlotte County SO

MEDDAUGH,OFFICER

02/05/2021

32518080A2

Punta Gorda PD

SCHWOCHO,ALAN,

AHRENS

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.080Control Test 00:54

0.000Air Blank 00:54

# 1 0.159Subject Sample 00:55

1.746Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.157Subject Sample 00:58

1.511Breath Volume 00:58

0.000Air Blank 00:58

0.081Control Test 00:58

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:1010/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:44

Charlotte County SO

ERICKSON,DFC

02/05/2021

32518080A2

Charlotte County SO

MORITZ,CDFC,

DELUCA

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

# 1 0.136Subject Sample 01:58

3.621Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.133Subject Sample 02:01

2.414Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:2210/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:27

17:45

Charlotte County SO

ANDERSON J.,DEPUTY

02/05/2021

32518080A2

Charlotte County SO

SCHWOCHO,ALAN,

PETERS

09/27/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:03

0.000Air Blank 19:03

0.081Control Test 19:04

0.000Air Blank 19:04

# 1 0.011Subject Sample 19:05

2.445Breath Volume 19:05

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.010Subject Sample 19:08

2.449Breath Volume 19:08

0.000Air Blank 19:08

0.080Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 11/02/2020 11:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:42:0710/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:12

15:22

Levy County SO

PAGAN,HECTOR

01/06/2022

AG000606

Cedar Keys PD

SNYDER,SCOTT,C

BENJAMIN

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:35

0.000Air Blank 16:35

0.080Control Test 16:35

0.000Air Blank 16:36

# 1 0.138Subject Sample 16:37

1.386Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:39

# 2 0.132Subject Sample 16:40

1.292Breath Volume 16:40

0.000Air Blank 16:41

0.077Control Test 16:41

0.000Air Blank 16:42

OKDiagnostics Check 16:42

Data Download Date/Time: 11/06/2020 14:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:22:0310/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:26

18:33

Levy County SO

POLIMENI,N

01/06/2022

AG000606

Cedar Keys PD

WILLIAMS,BONNIE,S

EINSMANN

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:16

0.080Control Test 20:16

0.000Air Blank 20:16

# 1 0.184Subject Sample 20:17

2.726Breath Volume 20:17

0.000Air Blank 20:18

0.000Air Blank 20:19

# 2 0.197Subject Sample 20:20

2.824Breath Volume 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:21

OKDiagnostics Check 20:22

Data Download Date/Time: 11/06/2020 14:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:28:5410/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:05

16:54

FHP Troop B

GANUS,GLEN

01/06/2022

AG000606

FHP Troop B

TAYLOR,SHANE,G

RAMIREZ

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

# 1Subject Sample 17:27 Subject Test Refused

0.000Breath Volume 17:27

0.000Air Blank 17:27

0.080Control Test 17:28

0.000Air Blank 17:28

OKDiagnostics Check 17:28

Data Download Date/Time: 11/06/2020 15:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:5910/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:33

Levy County SO

CRISLIP,DEAN

01/06/2022

AG000606

Chiefland PD

ECKER,DEREK,C

FELICIANO

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:24

0.000Air Blank 23:25

0.080Control Test 23:25

0.000Air Blank 23:26

# 1 0.000Subject Sample 23:26

3.578Breath Volume 23:26

0.000Air Blank 23:27

0.000Air Blank 23:29

# 2 0.000Subject Sample 23:29

3.804Breath Volume 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 11/06/2020 15:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:4110/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

15:22

FHP Troop B

THOMAS,MICHAEL

01/06/2022

AG000606

FHP Troop B

THOMAS,MICHAEL,T

GLEASON

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:11

0.000Air Blank 17:11

0.080Control Test 17:12

0.000Air Blank 17:12

# 1 0.174Subject Sample 17:13

2.300Breath Volume 17:13

0.000Air Blank 17:13

0.000Air Blank 17:15

# 2 0.188Subject Sample 17:16

3.027Breath Volume 17:16

0.000Air Blank 17:16

0.080Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 11/06/2020 15:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:55

Levy County SO

CRUZ,R

01/06/2022

AG000606

Cedar Keys PD

SMITH,DEVIN,A

CARROZZA

09/30/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.166Subject Sample 01:48

2.101Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.148Subject Sample 01:51

1.421Breath Volume 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 11/06/2020 15:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001368CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:2610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:21

19:21

Mayport Naval Base

MORAN,PATRICK

10/05/2021

22419080A2

Mayport Naval Base

LOOS,JAMES,P

GONZALEZ

09/24/2020

8100.27

NAS MAYPORT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:49

0.000Air Blank 19:49

0.079Control Test 19:49

0.000Air Blank 19:50

# 1 0.240Subject Sample 19:50

3.003Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.235Subject Sample 19:53

2.781Breath Volume 19:53

0.000Air Blank 19:54

0.079Control Test 19:54

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 10/20/2020 12:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:41:5710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:11

Orange County SO

HEBEL,GRIFFIN

05/05/2021

06419080A1

Windermere PD

HARDEN,WILLIAM,L

ALSALHANI

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.083Control Test 04:27

0.000Air Blank 04:27

# 1 0.149Subject Sample 04:30 Volume Not Met

0.148Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.144Subject Sample 04:34

1.585Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:37

# 3 0.158Subject Sample 04:40 Volume Not Met

0.222Breath Volume 04:40

0.000Air Blank 04:41

0.081Control Test 04:41

0.000Air Blank 04:41

OKDiagnostics Check 04:41

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:55:4810/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:11

Orange County SO

HEBEL,GRIFFIN

05/05/2021

06419080A1

Windermere PD

HARDEN,WILLIAM,L

ALSALHANI

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:45

0.000Air Blank 04:45

0.080Control Test 04:46

0.000Air Blank 04:46

# 1 0.141Subject Sample 04:49

1.605Breath Volume 04:49

0.000Air Blank 04:50

0.000Air Blank 04:52

# 2 0.151Subject Sample 04:54

1.425Breath Volume 04:54

0.000Air Blank 04:54

0.079Control Test 04:55

0.000Air Blank 04:55

OKDiagnostics Check 04:55

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:30

Orange County SO

HUTCHINSON,CHRISTOPHER

05/05/2021

06419080A1

Orlando PD

HARDEN,WILLIAM,L

BENITEZ

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.082Control Test 01:22

0.000Air Blank 01:22

# 1 0.235Subject Sample 01:22

1.718Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.233Subject Sample 01:26

1.890Breath Volume 01:26

0.000Air Blank 01:26

0.082Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0410/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:41

Orange County SO

HALLOCK,STEPHEN

05/05/2021

06419080A1

Orange County SO

HARDEN,WILLIAM,L

JACKSON

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:49

0.000Air Blank 02:49

0.082Control Test 02:49

0.000Air Blank 02:50

# 1 0.161Subject Sample 02:52

1.136Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:54

# 2 0.165Subject Sample 02:55

1.789Breath Volume 02:55

0.000Air Blank 02:56

0.082Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:11:3410/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:10

Orange County SO

VENTURA,CHRISTOPHER

05/05/2021

06419080A1

Orlando PD

HARDEN,WILLIAM,L

IANEZ

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.082Control Test 04:05

0.000Air Blank 04:06

# 1 0.117Subject Sample 04:07

1.261Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.124Subject Sample 04:10

3.507Breath Volume 04:10

0.000Air Blank 04:10

0.082Control Test 04:10

0.000Air Blank 04:11

OKDiagnostics Check 04:11

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:5610/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:29

22:11

Orange County SO

SHEIMAN,RICHARD

05/05/2021

06419080A1

Orange County SO

SHEWAN,JANICE,

CRUZ

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.082Control Test 23:09

0.000Air Blank 23:09

# 1 0.139Subject Sample 23:12 Volume Not Met

0.195Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.157Subject Sample 23:18 Volume Not Met

0.031Breath Volume 23:18

0.000Air Blank 23:19

0.081Control Test 23:19

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:2310/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:13

Orange County SO

IMPARATO,FRANK

05/05/2021

06419080A1

Central FL Univ PD

HARDEN,WILLIAM,L

LANDA

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.084Control Test 06:15

0.000Air Blank 06:16

# 1 0.093Subject Sample 06:16

1.257Breath Volume 06:16

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.098Subject Sample 06:19

3.160Breath Volume 06:19

0.000Air Blank 06:20

0.083Control Test 06:20

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:35

Orange County SO

WILKINS,JUSTIN

05/05/2021

06419080A1

Orlando PD

HARDEN,WILLIAM,L

GOMEZ JR

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:47

0.000Air Blank 04:47

0.082Control Test 04:47

0.000Air Blank 04:48

# 1 0.212Subject Sample 04:48

3.035Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.212Subject Sample 04:51

3.296Breath Volume 04:51

0.000Air Blank 04:52

0.082Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:0910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

04:53

Orange County SO

HARRIS,CHRISTOPHER

05/05/2021

06419080A1

Maitland PD

KOSH,TOBI,J

SIEBIG

10/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:57

0.000Air Blank 05:57

0.082Control Test 05:58

0.000Air Blank 05:58

# 1 0.130Subject Sample 05:59

3.339Breath Volume 05:59

0.000Air Blank 05:59

0.000Air Blank 06:01

# 2 0.131Subject Sample 06:02

3.128Breath Volume 06:02

0.000Air Blank 06:03

0.082Control Test 06:03

0.000Air Blank 06:04

OKDiagnostics Check 06:04

Data Download Date/Time: 11/05/2020 11:37

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:2710/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:30

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

BROWN

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:10

0.078Control Test 03:11

0.000Air Blank 03:11

# 1 0.171Subject Sample 03:12

3.667Breath Volume 03:12

0.000Air Blank 03:12

0.000Air Blank 03:14

# 2 0.169Subject Sample 03:15

2.617Breath Volume 03:15

0.000Air Blank 03:16

0.077Control Test 03:16

0.000Air Blank 03:16

FailDiagnostics Check 03:16 Analytical Stability Test

0.000Air Blank 03:17

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0710/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:30

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

BROWN

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.078Control Test 03:20

0.000Air Blank 03:20

# 1 0.152Subject Sample 03:21

1.441Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:23

# 2 0.161Subject Sample 03:24

2.027Breath Volume 03:24

0.000Air Blank 03:25

0.077Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:07:5810/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

20:51

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

JESUS

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.077Control Test 21:01

0.000Air Blank 21:02

# 1 0.212Subject Sample 21:03

2.953Breath Volume 21:03

0.000Air Blank 21:03

0.000Air Blank 21:05

# 2 0.211Subject Sample 21:06

2.617Breath Volume 21:06

0.000Air Blank 21:07

0.074Control Test 21:07 Interferent Detect

0.000Air Blank 21:07

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:0810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:11

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

ADAMS

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.077Control Test 00:22

0.000Air Blank 00:22

# 1 0.169Subject Sample 00:23

2.414Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.172Subject Sample 00:27

2.792Breath Volume 00:27

0.000Air Blank 00:28

0.077Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:1010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

03:17

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

SAY BARRENO

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.076Control Test 03:32

0.000Air Blank 03:32

# 1 0.152Subject Sample 03:34

2.078Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.157Subject Sample 03:38

2.484Breath Volume 03:38

0.000Air Blank 03:39

0.077Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:19:4910/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

18:00

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

NUOTTILA

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:09

0.000Air Blank 18:10

0.077Control Test 18:10

0.000Air Blank 18:11

# 1 0.358Subject Sample 18:12

2.402Breath Volume 18:12

0.000Air Blank 18:12

0.000Air Blank 18:14

# 2 0.330Subject Sample 18:15

1.992Breath Volume 18:15

0.000Air Blank 18:15

0.000Air Blank 18:17

# 3 0.361Subject Sample 18:18

2.332Breath Volume 18:18

Air Blank 18:19 Purge Fail

0.000Air Blank 18:19

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:30

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

FARIAS MAGANA

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.077Control Test 02:48

0.000Air Blank 02:48

# 1 0.255Subject Sample 02:50

1.835Breath Volume 02:50

0.000Air Blank 02:51

0.000Air Blank 02:53

# 2 0.257Subject Sample 02:53

1.488Breath Volume 02:53

0.000Air Blank 02:54

0.077Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:2010/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:32

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

KIRSCH

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.077Control Test 01:41

0.000Air Blank 01:41

# 1 0.237Subject Sample 01:42

1.425Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.231Subject Sample 01:45

1.398Breath Volume 01:45

0.000Air Blank 01:46

0.076Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:48:1610/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:35

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

DANNA

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:41

0.000Air Blank 21:42

0.078Control Test 21:42

0.000Air Blank 21:42

# 1 0.137Subject Sample 21:43

2.335Breath Volume 21:43

0.000Air Blank 21:44

0.000Air Blank 21:46

# 2 0.143Subject Sample 21:46

2.949Breath Volume 21:46

0.000Air Blank 21:47

0.077Control Test 21:47

0.000Air Blank 21:48

OKDiagnostics Check 21:48

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:07:0410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:50

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

GOMEZ

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:59

0.000Air Blank 18:59

0.077Control Test 19:00

0.000Air Blank 19:00

# 1 0.236Subject Sample 19:01

2.578Breath Volume 19:01

0.000Air Blank 19:02

0.000Air Blank 19:04

# 2 0.221Subject Sample 19:05

1.339Breath Volume 19:05

0.000Air Blank 19:06

0.076Control Test 19:06

0.000Air Blank 19:06

OKDiagnostics Check 19:07

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:3810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:42

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

LEE

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:55

# 1 0.221Subject Sample 01:56

2.414Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.211Subject Sample 01:59

1.246Breath Volume 01:59

0.000Air Blank 01:59

0.076Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

01:00

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

DOLAN

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.077Control Test 03:00

0.000Air Blank 03:00

# 1 0.163Subject Sample 03:03 Volume Not Met

0.183Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.076Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:3810/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

21:23

Martin County SO

WILKES,JOHN

04/05/2021

03519080A5

Martin County SO

WILKES,JOHN,D

BERRIOS

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.077Control Test 21:33

0.000Air Blank 21:34

# 1 0.126Subject Sample 21:35

2.808Breath Volume 21:35

0.000Air Blank 21:35

0.000Air Blank 21:37

# 2 0.136Subject Sample 21:38

2.179Breath Volume 21:38

0.000Air Blank 21:38

0.077Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 11/18/2020 15:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:3810/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:19

20:58

Clay County SO

WHITMAN,W

06/05/2021

08819080A1

Orange Park PD

RENTZ,JARROD,C

WASHBURN

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:47

0.000Air Blank 21:47

0.080Control Test 21:48

0.000Air Blank 21:48

# 1 0.000Subject Sample 21:48

1.839Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:51

# 2 0.000Subject Sample 21:52

2.968Breath Volume 21:52

0.000Air Blank 21:52

0.080Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:41:0110/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:13

08:55

Clay County SO

SMITH,J

06/05/2021

08819080A1

Clay County SO

SNOW,C,D

KENNEY

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:34

0.000Air Blank 10:34

0.081Control Test 10:34

0.000Air Blank 10:35

# 1 0.000Subject Sample 10:35

1.164Breath Volume 10:35

0.000Air Blank 10:36

0.000Air Blank 10:38

# 2 0.000Subject Sample 10:39

1.175Breath Volume 10:39

0.000Air Blank 10:40

0.081Control Test 10:40

0.000Air Blank 10:40

OKDiagnostics Check 10:41

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:43:2810/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:07

16:45

Clay County SO

BAUMGARTNER,N

06/05/2021

08819080A1

Clay County SO

SNOW,C,D

GUIRAGOSSIAN

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:32

0.000Air Blank 17:32

0.080Control Test 17:32

0.000Air Blank 17:33

# 1Subject Sample 17:36 No Sample Provided

0.000Breath Volume 17:36

0.000Air Blank 17:36

0.000Air Blank 17:38

# 2Subject Sample 17:42 No Sample Provided

0.000Breath Volume 17:42

0.000Air Blank 17:42

0.079Control Test 17:42

0.000Air Blank 17:43

OKDiagnostics Check 17:43

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:0510/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:40

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

HORN

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

# 1Subject Sample 00:16 No Sample Provided

0.000Breath Volume 00:16

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2Subject Sample 00:20 Subject Test Refused

0.000Breath Volume 00:20

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1210/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:51

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

TURNER

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:32

0.000Air Blank 01:32

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:0210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:34

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

BEDNAR

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.080Control Test 03:07

0.000Air Blank 03:07

# 1Subject Sample 03:10 No Sample Provided

0.000Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2Subject Sample 03:13 Subject Test Refused

0.000Breath Volume 03:13

0.000Air Blank 03:14

0.080Control Test 03:14

0.000Air Blank 03:14

OKDiagnostics Check 03:15

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:0410/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:53

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

SOMMISE

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.081Control Test 21:37

0.000Air Blank 21:37

# 1Subject Sample 21:41 No Sample Provided

0.000Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2Subject Sample 21:43 Subject Test Refused

0.000Breath Volume 21:43

0.000Air Blank 21:44

0.080Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:45

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:3410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:29

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

PEREZ

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:10

# 1 0.160Subject Sample 00:11

1.804Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.152Subject Sample 00:15

1.375Breath Volume 00:15

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:19

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

ARNOLD

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:06 No Sample Provided

0.000Breath Volume 04:06

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2Subject Sample 04:09 Subject Test Refused

0.000Breath Volume 04:09

0.000Air Blank 04:09

0.080Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:08:3610/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:34

05:43

Clay County SO

RAMOS,P

06/05/2021

08819080A1

Clay County SO

DANELLA,E,

JOHNSON

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:58

0.000Air Blank 06:58

0.080Control Test 06:58

0.000Air Blank 06:59

# 1 0.182Subject Sample 07:00

3.015Breath Volume 07:00

0.000Air Blank 07:00

0.000Air Blank 07:02

# 2 0.151Subject Sample 07:03

1.476Breath Volume 07:03

0.000Air Blank 07:03

0.000Air Blank 07:05

# 3 0.157Subject Sample 07:07

1.507Breath Volume 07:07

0.000Air Blank 07:07

0.080Control Test 07:08

0.000Air Blank 07:08

OKDiagnostics Check 07:08

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:5810/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:18

00:49

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

TILLETT

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:38

0.000Air Blank 01:38

0.080Control Test 01:39

0.000Air Blank 01:39

# 1 0.216Subject Sample 01:40

2.972Breath Volume 01:40

0.000Air Blank 01:41

0.000Air Blank 01:42

# 2 0.214Subject Sample 01:43

2.710Breath Volume 01:43

0.000Air Blank 01:44

0.080Control Test 01:44

0.000Air Blank 01:44

OKDiagnostics Check 01:44

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:10:0010/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:40

08:27

Clay County SO

CAMP,OFFICER

06/05/2021

08819080A1

Green Cove Springs

SANTIAGO,DEPUTY,

CURTIS

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:02

0.000Air Blank 09:03

0.079Control Test 09:03

0.000Air Blank 09:04

# 1 0.106Subject Sample 09:05

1.656Breath Volume 09:05

0.000Air Blank 09:05

0.000Air Blank 09:07

# 2 0.105Subject Sample 09:08

1.554Breath Volume 09:08

0.000Air Blank 09:09

0.078Control Test 09:09

0.000Air Blank 09:09

OKDiagnostics Check 09:10

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0510/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:45

Clay County SO

WHITMAN,W

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

GUNNING

09/20/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.123Subject Sample 01:37

2.281Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.118Subject Sample 01:40

2.753Breath Volume 01:40

0.000Air Blank 01:41

0.078Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 10/18/2020 16:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:5210/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:49

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

GAMMAGE

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:22

0.000Air Blank 19:23

0.081Control Test 19:23

0.000Air Blank 19:23

# 1 0.039Subject Sample 19:26

1.488Breath Volume 19:26

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.037Subject Sample 19:30

1.441Breath Volume 19:30

0.000Air Blank 19:30

0.080Control Test 19:31

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:06

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

JOSEPH

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:58 No Sample Provided

0.000Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2Subject Sample 02:01 Subject Test Refused

0.000Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:5610/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:46

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

SCHARER

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:26

# 1 0.137Subject Sample 03:28

2.253Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.133Subject Sample 03:31

2.148Breath Volume 03:31

0.000Air Blank 03:32

0.078Control Test 03:32

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:4610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:21

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

DORCHY

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:55 No Sample Provided

0.000Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.202Subject Sample 04:01

1.695Breath Volume 04:01

0.000Air Blank 04:01

0.000Air Blank 04:03

# 3 0.202Subject Sample 04:06

1.957Breath Volume 04:06

0.000Air Blank 04:06

0.080Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:4110/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:28

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

STUMLER

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.080Control Test 21:13

0.000Air Blank 21:13

# 1Subject Sample 21:16 No Sample Provided

0.000Breath Volume 21:16

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2Subject Sample 21:19 Subject Test Refused

0.000Breath Volume 21:19

0.000Air Blank 21:19

0.081Control Test 21:20

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:0710/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:29

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

BROYLES

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.080Control Test 20:15

0.000Air Blank 20:15

# 1 0.308Subject Sample 20:16

1.542Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.285Subject Sample 20:20

1.207Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 3 0.286Subject Sample 20:23

1.691Breath Volume 20:23

0.000Air Blank 20:24

0.079Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:4810/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:32

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

CROSSMAN,R,K

CLARK

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1Subject Sample 03:29 No Sample Provided

0.000Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:32

0.081Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:5710/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:08

Clay County SO

TAPAWAN,M

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

TORREFRANCA

10/18/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.180Subject Sample 04:59

1.812Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:01

# 2 0.169Subject Sample 05:02

1.300Breath Volume 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 11/29/2020 14:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:55:0110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

11:57

11:57

Tyndall AFB PD

EPPS,SAMEERAH

06/07/2021

970670

Tyndall AFB PD

GARZA,IVAN,A

SEWELL

09/23/2020

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:48

0.000Air Blank 12:48

0.082Control Test 12:49

0.000Air Blank 12:49

# 1 0.084Subject Sample 12:50

2.820Breath Volume 12:50

0.000Air Blank 12:51

0.000Air Blank 12:52

# 2 0.080Subject Sample 12:53

2.394Breath Volume 12:53

0.000Air Blank 12:54

0.081Control Test 12:54

0.000Air Blank 12:54

OKDiagnostics Check 12:55

Data Download Date/Time: 10/30/2020 10:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001646CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0110/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:49

Tyndall AFB PD

STOVALL,TRISTEN

06/07/2021

970670

Tyndall AFB PD

HENDERSON,ELIZABETH,D

SWEEZEY

09/23/2020

8100.27

TYNDALL AFB

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:22

0.082Control Test 01:22

0.000Air Blank 01:22

# 1 0.147Subject Sample 01:23

2.457Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.146Subject Sample 01:26

3.015Breath Volume 01:26

0.000Air Blank 01:27

0.082Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 10/30/2020 10:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:4010/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

03:06

Cape Coral PD

OHERN,ANDREW

09/05/2022

20520080A1

Cape Coral PD

FILLAK,MICHAEL,O

BUSSO

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:41

# 1 0.193Subject Sample 03:42

1.703Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.194Subject Sample 03:46

2.125Breath Volume 03:46

0.000Air Blank 03:46

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:2110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:17

Cape Coral PD

NEWTON,JENNA

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

ANDRETTA

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.078Control Test 22:11

0.000Air Blank 22:12

# 1 0.110Subject Sample 22:13

2.761Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.101Subject Sample 22:16

2.257Breath Volume 22:16

0.000Air Blank 22:17

0.077Control Test 22:17

0.000Air Blank 22:18

OKDiagnostics Check 22:18

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:4810/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

18:55

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

MARTIN

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.079Control Test 19:37

0.000Air Blank 19:38

# 1 0.077Subject Sample 19:39

2.296Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.080Subject Sample 19:42

1.312Breath Volume 19:42

0.000Air Blank 19:42

0.079Control Test 19:43

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:3910/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:06

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

TORRES

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.078Control Test 23:48

0.000Air Blank 23:48

# 1 0.089Subject Sample 23:49

4.628Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.088Subject Sample 23:52

4.796Breath Volume 23:52

0.000Air Blank 23:52

0.078Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:00:4110/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:10

Cape Coral PD

RIOS,D

09/05/2022

20520080A1

Cape Coral PD

RUSH,DANIEL,C

PADGETT

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

# 1 0.158Subject Sample 01:56

2.507Breath Volume 01:56

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.155Subject Sample 01:59

2.515Breath Volume 01:59

0.000Air Blank 01:59

0.078Control Test 02:00

0.000Air Blank 02:00

OKDiagnostics Check 02:00

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:3310/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:33

Cape Coral PD

ALMENDAREZ,C

09/05/2022

20520080A1

Cape Coral PD

ENGH,WILLIAM,C

ABELLA SALINAS

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.000Subject Sample 23:10

2.527Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.000Subject Sample 23:13

1.238Breath Volume 23:13

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:5210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:51

Cape Coral PD

ROSALES,P

09/05/2022

20520080A1

Cape Coral PD

ENGH,WILLIAM,C

ALLEN-HAYS

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.156Subject Sample 23:38

3.945Breath Volume 23:38

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.157Subject Sample 23:41

3.816Breath Volume 23:41

0.000Air Blank 23:41

0.078Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:0910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

21:28

Cape Coral PD

OHERN,ANDREW

09/05/2022

20520080A1

Cape Coral PD

FILLAK,MICHAEL,O

SLEVIN

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:01

# 1 0.000Subject Sample 22:02

1.191Breath Volume 22:02

0.000Air Blank 22:02

0.000Air Blank 22:04

# 2 0.000Subject Sample 22:05

3.984Breath Volume 22:05

0.000Air Blank 22:06

0.079Control Test 22:06

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3710/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:13

Cape Coral PD

BROWN,SAMANTHA

09/05/2022

20520080A1

Cape Coral PD

BROWN,SAMANTHA,G

STRICKLAND

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:02

0.079Control Test 02:02

0.000Air Blank 02:02

# 1 0.175Subject Sample 02:03

1.796Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.179Subject Sample 02:06

1.976Breath Volume 02:06

0.000Air Blank 02:06

0.078Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2010/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:03

Cape Coral PD

TOWERS,KAITLYN

09/05/2022

20520080A1

Cape Coral PD

RODRIGUEZ,ALFONSO,

BURTON

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.134Subject Sample 01:49

2.906Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.138Subject Sample 01:52

3.015Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 11/10/2020 11:35

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4310/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:08

Cape Coral PD

HOGAN,WILLIAM

09/05/2022

20520080A1

Cape Coral PD

RODRIGUEZ,ALFONSO,

ROUSTIO

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.161Subject Sample 02:03

1.875Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 2 0.163Subject Sample 02:07

2.203Breath Volume 02:07

0.000Air Blank 02:07

0.078Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:3110/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:38

Cape Coral PD

SHIPPY,DYLAN

09/05/2022

20520080A1

Cape Coral PD

RODRIGUEZ,ALFONSO,

RODRIGUEZ

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

# 1 0.162Subject Sample 02:12

3.679Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.161Subject Sample 02:16

3.957Breath Volume 02:16

0.000Air Blank 02:16

0.078Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:1910/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:42

Cape Coral PD

MARTIN,PAUL

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

FALASCO

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

# 1 0.131Subject Sample 02:26

2.953Breath Volume 02:26

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.124Subject Sample 02:29

3.050Breath Volume 02:29

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:3010/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:05

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

ERVIN

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:46

0.000Air Blank 20:46

0.080Control Test 20:47

0.000Air Blank 20:47

# 1 0.000Subject Sample 20:48

3.371Breath Volume 20:48

0.000Air Blank 20:48

0.000Air Blank 20:50

# 2 0.000Subject Sample 20:51

3.292Breath Volume 20:51

0.000Air Blank 20:51

0.079Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:36:0710/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:04

05:42

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

CUNNINGHAM

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:29

0.000Air Blank 06:29

0.080Control Test 06:30

0.000Air Blank 06:30

# 1 0.000Subject Sample 06:31

2.800Breath Volume 06:31

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.000Subject Sample 06:34

2.480Breath Volume 06:34

0.000Air Blank 06:35

0.079Control Test 06:35

0.000Air Blank 06:36

OKDiagnostics Check 06:36

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3810/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:16

20:45

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

NOONAN

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:37

0.000Air Blank 21:37

0.080Control Test 21:38

0.000Air Blank 21:38

# 1 0.000Subject Sample 21:39

4.519Breath Volume 21:39

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.000Subject Sample 21:42

4.589Breath Volume 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:1510/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:27

Cape Coral PD

CARVALHO,ASHLEY

09/05/2022

20520080A1

Cape Coral PD

BROWN,SAMANTHA,G

REGIS

10/13/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:53

0.000Air Blank 22:53

0.080Control Test 22:54

0.000Air Blank 22:54

# 1 0.222Subject Sample 22:54

1.785Breath Volume 22:54

0.000Air Blank 22:55

0.000Air Blank 22:57

# 2 0.241Subject Sample 22:57

2.492Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:59

OKDiagnostics Check 22:59

Data Download Date/Time: 11/10/2020 11:36

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:38:0010/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

19:47

St. Petersburg PD

THOMAS,KRISTEN

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

PILKINGTON

10/07/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.081Control Test 20:32

0.000Air Blank 20:33

# 1 0.000Subject Sample 20:33

3.183Breath Volume 20:33

0.000Air Blank 20:34

0.000Air Blank 20:36

# 2 0.000Subject Sample 20:36

3.250Breath Volume 20:36

0.000Air Blank 20:37

0.081Control Test 20:37

0.000Air Blank 20:37

OKDiagnostics Check 20:38

Data Download Date/Time: 11/25/2020 17:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:3710/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:29

St. Petersburg PD

CRUM,ZACHARY

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

BOEVING

10/07/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.220Subject Sample 01:07

1.773Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.218Subject Sample 01:10

2.480Breath Volume 01:10

0.000Air Blank 01:10

0.081Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 11/25/2020 17:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5110/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:54

23:43

St. Petersburg PD

LAMOUR,ZACHARY

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

GEIGER

10/07/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.080Control Test 00:15

0.000Air Blank 00:16

# 1 0.355Subject Sample 00:17

2.316Breath Volume 00:17

0.000Air Blank 00:18

0.000Air Blank 00:19

# 2 0.346Subject Sample 00:20

2.054Breath Volume 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 11/25/2020 17:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001656CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:3210/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

05:10

BAY HARBOR ISLANDS

HARRELL,TAVARRI

02/05/2021

34418080A3

NORTH MIAMI PD

MUNSCHY,PATRICK,R

BENJAMIN

10/09/2020

8100.27

NORTH MIAMI PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:47

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

# 1Subject Sample 05:50 Subject Test Refused

0.000Breath Volume 05:50

0.000Air Blank 05:50

0.081Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 12/22/2020 10:46

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.


