
80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:23:2010/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:00

Palm Bay PD

NEILL,MICHAEL

01/05/2022

30219080A4

Brevard County SO

LUTZ,EDWIN,J

MURRAY

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:17

0.000Air Blank 19:17

0.081Control Test 19:18

0.000Air Blank 19:18

# 1 0.000Subject Sample 19:19

1.441Breath Volume 19:19

0.000Air Blank 19:19

0.000Air Blank 19:21

# 2 0.000Subject Sample 19:21

1.664Breath Volume 19:21

0.000Air Blank 19:22

0.081Control Test 19:22

0.000Air Blank 19:23

OKDiagnostics Check 19:23

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:2210/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:29

Palm Bay PD

MCDONALD,COLE

01/05/2022

30219080A4

Palm Bay PD

MCDONALD,COLE,M

PRINCE

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:55

# 1 0.230Subject Sample 02:56

3.351Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.218Subject Sample 02:59

2.917Breath Volume 02:59

0.000Air Blank 03:00

0.081Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:03:5610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

20:25

Palm Bay PD

MCDONALD,COLE

01/05/2022

30219080A4

Palm Bay PD

MCDONALD,COLE,M

HERNANDEZ

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:56

0.081Control Test 20:57

0.000Air Blank 20:57

# 1 0.256Subject Sample 20:58

2.195Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:01

# 2 0.253Subject Sample 21:02

2.515Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:03

OKDiagnostics Check 21:03

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:43:0010/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:54

14:54

Palm Bay PD

MORGAN,D

01/05/2022

30219080A4

Palm Bay PD

MORGAN,D,

COELHO

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:35

0.000Air Blank 15:35

0.080Control Test 15:35

0.000Air Blank 15:36

# 1 0.129Subject Sample 15:38

1.972Breath Volume 15:38

0.000Air Blank 15:39

0.000Air Blank 15:40

# 2 0.125Subject Sample 15:41

2.058Breath Volume 15:41

0.000Air Blank 15:42

0.077Control Test 15:42

0.000Air Blank 15:42

OKDiagnostics Check 15:43

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:11:5410/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:03

19:24

Palm Bay PD

MCDONALD,COLE

01/05/2022

30219080A4

Palm Bay PD

MCDONALD,COLE,M

WARD

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:05

# 1 0.186Subject Sample 20:06

3.390Breath Volume 20:06

0.000Air Blank 20:07

0.000Air Blank 20:08

# 2 0.179Subject Sample 20:10

3.449Breath Volume 20:10

0.000Air Blank 20:10

0.080Control Test 20:11

0.000Air Blank 20:11

OKDiagnostics Check 20:11

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:1510/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

23:51

Brevard County SO

NEILL,MICHAEL

01/05/2022

30219080A4

Brevard County SO

NEILL,MICHAEL,A

MAUGERI

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:01

# 1 0.189Subject Sample 02:02

2.792Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:04

# 2 0.185Subject Sample 02:06

3.332Breath Volume 02:06

0.000Air Blank 02:07

0.077Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001721CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:37:4010/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:49

Palm Bay PD

SAMUELS,ANDREW

01/05/2022

30219080A4

Palm Bay PD

SAMUELS,ANDREW,G

SWEET

09/28/2020

8100.27

PALM BAY P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:30

0.000Air Blank 05:30

0.081Control Test 05:31

0.000Air Blank 05:31

# 1 0.149Subject Sample 05:33

3.007Breath Volume 05:33

0.000Air Blank 05:33

0.000Air Blank 05:35

# 2 0.158Subject Sample 05:36

3.843Breath Volume 05:36

0.000Air Blank 05:36

0.080Control Test 05:37

0.000Air Blank 05:37

OKDiagnostics Check 05:37

Data Download Date/Time: 10/27/2020 18:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:5610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

00:21

Fort Myers PD

LEON,BRIAN

12/05/2021

28719080A1

Fort Myers PD

MARTINS,KYLE,L

MARTIN AGUILAR

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

# 1 0.181Subject Sample 01:28

1.144Breath Volume 01:28

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.182Subject Sample 01:32

2.613Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 10/13/2020 13:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:5910/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

22:15

Fort Myers PD

AMADOR,RYAN

12/05/2021

28719080A1

Fort Myers PD

MARTINS,KYLE,L

TZUNUN PU

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.195Subject Sample 00:47

1.320Breath Volume 00:47

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.164Subject Sample 00:50

1.417Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 3 0.185Subject Sample 00:54

2.062Breath Volume 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 10/13/2020 13:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2010/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:23

Fort Myers PD

KING,JONATHAN

12/05/2021

28719080A1

Fort Myers PD

MARTINS,KYLE,L

MOORE

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

# 1 0.149Subject Sample 02:23

2.394Breath Volume 02:23

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.153Subject Sample 02:26

2.492Breath Volume 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 10/13/2020 13:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:3610/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:24

Fort Myers PD

CAFFRONI,IVAN

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

LEWIS

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

# 1 0.000Subject Sample 22:37

3.265Breath Volume 22:37

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.000Subject Sample 22:40

3.492Breath Volume 22:40

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 10/13/2020 13:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:0410/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:35

Fort Myers PD

WITT,KELLY

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

WISDOM

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

# 1 0.000Subject Sample 23:14

2.328Breath Volume 23:14

0.000Air Blank 23:14

0.000Air Blank 23:16

# 2 0.000Subject Sample 23:17

1.828Breath Volume 23:17

0.000Air Blank 23:18

0.079Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:19

Data Download Date/Time: 10/13/2020 13:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:1810/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:47

23:15

Fort Myers PD

RODRIGUEZ,EDDIE

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

HUDSON

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:13

# 1 0.159Subject Sample 00:14

2.214Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:16

# 2 0.155Subject Sample 00:17

2.539Breath Volume 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 10/13/2020 13:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:1710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:00

Lee County SO

LINDHOLM,JOHN

12/05/2021

28719080A1

Lee County SO

LINDHOLM,JOHN,T

BANER

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.078Control Test 00:33

0.000Air Blank 00:34

# 1 0.128Subject Sample 00:34

2.097Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.130Subject Sample 00:37

2.300Breath Volume 00:37

0.000Air Blank 00:38

0.078Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 10/13/2020 13:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:39:0610/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:38

Lee County SO

LINDHOLM,JOHN

12/05/2021

28719080A1

Lee County SO

LINDHOLM,JOHN,T

BASHT

09/23/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:33

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:34

# 1 0.000Subject Sample 05:34

3.628Breath Volume 05:34

0.000Air Blank 05:35

0.000Air Blank 05:37

# 2 0.000Subject Sample 05:37

3.273Breath Volume 05:37

0.000Air Blank 05:38

0.079Control Test 05:38

0.000Air Blank 05:39

OKDiagnostics Check 05:39

Data Download Date/Time: 10/13/2020 13:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:2610/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:21

21:49

Lee County SO

PANTOJA 603,A

12/05/2021

28719080A1

Fort Myers PD

CANFIELD 18096,A,B

WILSON

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.160Subject Sample 22:56

1.847Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.167Subject Sample 22:59

1.804Breath Volume 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2410/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:21

Lee County SO

FALCON,ANGEL

12/05/2021

28719080A1

Lee County SO

TISDALE,KATIE,E

SCOTT

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

# 1 0.000Subject Sample 01:49

3.933Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.000Subject Sample 01:52

3.375Breath Volume 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:54

22:27

Lee County SO

LINK,CHRIS

12/05/2021

28719080A1

Lee County SO

LINK,CHRIS,D

NOREM

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

# 1 0.251Subject Sample 23:17

1.710Breath Volume 23:17

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.239Subject Sample 23:20

2.593Breath Volume 23:20

0.000Air Blank 23:21

0.079Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

22:53

Lee County SO

OCASIO,J

12/05/2021

28719080A1

Lee County SO

LINK,CHRIS,D

RAMIREZ

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.078Control Test 00:44

0.000Air Blank 00:45

# 1 0.190Subject Sample 00:46

2.839Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.196Subject Sample 00:48

2.613Breath Volume 00:48

0.000Air Blank 00:49

0.078Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:0810/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:20

Fort Myers PD

WITT,KELLY

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

BRUNING

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

# 1 0.180Subject Sample 03:18

1.808Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:20

# 2 0.194Subject Sample 03:21

3.199Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:12:2010/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:44

15:19

Lee County SO

VICIOSO,Y

12/05/2021

28719080A1

Fort Myers PD

KENNEDY,L,

KOTOKA

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:05

0.000Air Blank 16:05

0.080Control Test 16:06

0.000Air Blank 16:06

# 1 0.000Subject Sample 16:07

1.597Breath Volume 16:07

0.000Air Blank 16:07

0.000Air Blank 16:09

# 2 0.000Subject Sample 16:10

1.238Breath Volume 16:10

0.000Air Blank 16:11

0.080Control Test 16:11

0.000Air Blank 16:12

OKDiagnostics Check 16:12

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:2510/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

20:55

FHP Troop F

LEMEN,LOGAN

12/05/2021

28719080A1

FHP Troop F

LEMEN,LOGAN,C

KIRKPATRICK

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:09

0.080Control Test 23:09

0.000Air Blank 23:09

# 1 0.000Subject Sample 23:10

2.105Breath Volume 23:10

0.000Air Blank 23:11

0.000Air Blank 23:13

# 2 0.000Subject Sample 23:14

1.773Breath Volume 23:14

0.000Air Blank 23:14

0.080Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:4410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:00

Lee County SO

MAIK,C

12/05/2021

28719080A1

Sanibel PD

KONIECZKI,D,

PALMER

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:55

0.000Air Blank 16:55

0.080Control Test 16:55

0.000Air Blank 16:56

# 1 0.216Subject Sample 16:57

1.960Breath Volume 16:57

0.000Air Blank 16:58

0.000Air Blank 17:00

# 2 0.196Subject Sample 17:01

2.187Breath Volume 17:01

0.000Air Blank 17:01

0.077Control Test 17:02

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:08:2310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

22:13

Fort Myers PD

NERONI,KRISTI

12/05/2021

28719080A1

Fort Myers PD

NERONI1,KRISTI,

ROMERO BALDERAS

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

# 1 0.175Subject Sample 01:00 Volume Not Met

0.187Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.144Subject Sample 01:06 Volume Not Met

0.023Breath Volume 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

OKDiagnostics Check 01:08

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:24:4710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:20

Fort Myers PD

MCCURRY,K

12/05/2021

28719080A1

Fort Myers PD

SCHAEFER,KENDALL,A

BARRIOS

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:17

0.000Air Blank 16:18

0.079Control Test 16:18

0.000Air Blank 16:19

# 1 0.223Subject Sample 16:19

2.531Breath Volume 16:19

0.000Air Blank 16:20

0.000Air Blank 16:21

# 2 0.230Subject Sample 16:23

3.035Breath Volume 16:23

0.000Air Blank 16:23

0.079Control Test 16:24

0.000Air Blank 16:24

OKDiagnostics Check 16:24

Data Download Date/Time: 11/10/2020 10:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:4210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:13

Fort Myers PD

WELLS,JAMES

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

DESAMOUR

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:04

0.000Air Blank 20:04

0.079Control Test 20:04

0.000Air Blank 20:05

# 1 0.210Subject Sample 20:06

2.210Breath Volume 20:06

0.000Air Blank 20:06

0.000Air Blank 20:08

# 2 0.206Subject Sample 20:08

1.652Breath Volume 20:08

0.000Air Blank 20:09

0.079Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:3910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:28

Fort Myers PD

MOORE,JERRY

12/05/2021

28719080A1

Fort Myers PD

WITT,KELLY,

GUTHRIE

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.080Control Test 18:54

0.000Air Blank 18:55

# 1 0.189Subject Sample 18:55

2.976Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.192Subject Sample 18:58

2.691Breath Volume 18:58

0.000Air Blank 18:59

0.079Control Test 19:00

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:3210/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:46

21:05

Lee County SO

LINK,CHRIS

12/05/2021

28719080A1

Lee County SO

LINK,CHRIS,D

DONNELLY

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.079Control Test 22:09

0.000Air Blank 22:10

# 1 0.071Subject Sample 22:10

2.488Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.072Subject Sample 22:13

2.835Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:58:5110/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

17:54

Lee County SO

LINK,CHRIS

11/05/2022

24620080A2

Lee County SO

LINK,CHRIS,D

GIBSON

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:52

0.081Control Test 18:52

0.000Air Blank 18:53

# 1 0.195Subject Sample 18:53

2.984Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 2 0.197Subject Sample 18:57

2.625Breath Volume 18:57

0.000Air Blank 18:57

0.080Control Test 18:58

0.000Air Blank 18:58

OKDiagnostics Check 18:58

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:1010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:27

04:12

Lee County SO

VALCIN,J

11/05/2022

24620080A2

Lee County SO

ROMAN,A,C

POPOLIZIO

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.079Control Test 05:01

0.000Air Blank 05:01

# 1 0.146Subject Sample 05:02

1.144Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.152Subject Sample 05:05

1.347Breath Volume 05:05

0.000Air Blank 05:06

0.078Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001722CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:19:5410/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:42

06:01

Lee County SO

VICIOSO,Y

11/05/2022

24620080A2

Fort Myers PD

ROMAN,A,C

BERNAL RAMIREZ

10/13/2020

8100.27

LEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:13

0.000Air Blank 09:14

0.080Control Test 09:14

0.000Air Blank 09:14

# 1 0.062Subject Sample 09:15

2.660Breath Volume 09:15

0.000Air Blank 09:16

0.000Air Blank 09:17

# 2 0.063Subject Sample 09:18

2.835Breath Volume 09:18

0.000Air Blank 09:18

0.080Control Test 09:19

0.000Air Blank 09:19

OKDiagnostics Check 09:19

Data Download Date/Time: 11/10/2020 10:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001732CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:2810/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

20:21

Pinellas Park PD

ROLLESTON,JACOB

12/05/2021

28719080A1

Pinellas Park PD

ROLLESTON,JACOB,M

NGUYEN

10/07/2020

8100.27

PINELLAS PARK P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:33

0.080Control Test 20:33

0.000Air Blank 20:34

# 1Subject Sample 20:36 Subject Test Refused

0.000Breath Volume 20:36

0.000Air Blank 20:36

0.078Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 11/11/2020 10:09

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001739CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

02:33

Charlotte County SO

ANDERSON,DFC

02/05/2021

32518080A2

Charlotte County SO

WALDROP,P,

MCGRATH

10/29/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.079Control Test 04:44

0.000Air Blank 04:44

# 1 0.071Subject Sample 04:45

1.753Breath Volume 04:45

0.000Air Blank 04:45

0.000Air Blank 04:47

# 2 0.069Subject Sample 04:48

2.230Breath Volume 04:48

0.000Air Blank 04:49

0.079Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 11/02/2020 06:24

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0910/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:10

Clearwater PD

BRUNEAU,OFFICER

10/05/2022

22620080A2

Clearwater PD

BRUNEAU,OFFICER,

MCKNIGHT

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.077Control Test 23:44

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:45

2.878Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:48

2.777Breath Volume 23:48

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:3210/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:53

Clearwater PD

YEATES,SCOTT

10/05/2022

22620080A2

Clearwater PD

GREEN,LAMON,A

THURMAN

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.078Control Test 01:07

0.000Air Blank 01:07

# 1 0.000Subject Sample 01:08

2.195Breath Volume 01:08

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.000Subject Sample 01:11

2.183Breath Volume 01:11

0.000Air Blank 01:11

0.075Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:1410/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

15:56

Clearwater PD

NEGERSMITH,D

10/05/2022

22620080A2

Clearwater PD

KARNES,B,

SHELLY

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:48

0.000Air Blank 16:49

0.077Control Test 16:49

0.000Air Blank 16:50

# 1 0.116Subject Sample 16:51

2.187Breath Volume 16:51

0.000Air Blank 16:52

0.000Air Blank 16:53

# 2 0.113Subject Sample 16:54

2.535Breath Volume 16:54

0.000Air Blank 16:55

0.075Control Test 16:55

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:01:2510/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:31

Clearwater PD

HURT,JONATHAN

10/05/2022

22620080A2

Clearwater PD

HURT,JONATHAN,R

WILLIAMS

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:55

# 1 0.072Subject Sample 02:56

3.445Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.072Subject Sample 02:59

2.828Breath Volume 02:59

0.000Air Blank 03:00

0.078Control Test 03:00

0.000Air Blank 03:01

OKDiagnostics Check 03:01

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:2610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:53

Clearwater PD

HURT,JONATHAN

10/05/2022

22620080A2

Clearwater PD

HURT,JONATHAN,R

NEUBAUER

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.078Control Test 00:14

0.000Air Blank 00:14

# 1 0.213Subject Sample 00:15

2.046Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.206Subject Sample 00:20

2.789Breath Volume 00:20

0.000Air Blank 00:21

0.076Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:4410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

23:07

Clearwater PD

BRUNEAU,OFFICER

10/05/2022

22620080A2

Clearwater PD

BRUNEAU,OFFICER,

BETHERD

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.076Control Test 00:44

0.000Air Blank 00:45

# 1 0.138Subject Sample 00:45

3.085Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.149Subject Sample 00:49

3.289Breath Volume 00:49

0.000Air Blank 00:49

0.077Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Clearwater PD

VIARS,OFFICER

10/05/2022

22620080A2

Clearwater PD

BRUNEAU,OFFICER,

WASHINGTON

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.077Control Test 01:20

0.000Air Blank 01:21

# 1 0.241Subject Sample 01:23

1.703Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.244Subject Sample 01:26

1.781Breath Volume 01:26

0.000Air Blank 01:27

0.073Control Test 01:27 Control Outside Tolerance

0.000Air Blank 01:28

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:4210/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Clearwater PD

VIARS,OFFICER

10/05/2022

22620080A2

Clearwater PD

BRUNEAU,OFFICER,

WASHINGTON

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.076Control Test 01:35

0.000Air Blank 01:36

# 1 0.245Subject Sample 01:36

1.488Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.257Subject Sample 01:39

1.585Breath Volume 01:39

0.000Air Blank 01:40

0.075Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:3910/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:36

Clearwater PD

BRUNEAU,OFFICER

10/05/2022

22620080A2

Clearwater PD

BRUNEAU,OFFICER,

BROOKS

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.077Control Test 21:29

0.000Air Blank 21:29

# 1 0.000Subject Sample 21:30

2.558Breath Volume 21:30

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2 0.000Subject Sample 21:33

2.296Breath Volume 21:33

0.000Air Blank 21:33

0.077Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:1810/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:41

21:41

Clearwater PD

HURT,JONATHAN

10/05/2022

22620080A2

Clearwater PD

HURT,JONATHAN,R

SPENCER

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:01

0.000Air Blank 22:02

0.078Control Test 22:02

0.000Air Blank 22:03

# 1 0.271Subject Sample 22:04

2.835Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:06

# 2Subject Sample 22:07 Slope Not Met

0.656Breath Volume 22:07

0.000Air Blank 22:08

0.075Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:1010/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:41

Clearwater PD

HURT,JONATHAN

10/05/2022

22620080A2

Clearwater PD

HURT,JONATHAN,R

SPENCER

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.076Control Test 22:30

0.000Air Blank 22:30

# 1 0.262Subject Sample 22:31

2.843Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.241Subject Sample 22:35

2.414Breath Volume 22:35

0.000Air Blank 22:36

0.000Air Blank 22:37

# 3 0.279Subject Sample 22:38

3.156Breath Volume 22:38

0.000Air Blank 22:39

0.075Control Test 22:39

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 10/31/2020 03:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0110/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

22:11

Clearwater PD

NEGERSMITH,DANIEL

10/05/2022

22620080A2

Clearwater PD

NEGERSMITH,DANIEL,M

PIZZO

09/08/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.077Control Test 23:10

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:12

2.710Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:15

1.808Breath Volume 23:15

0.000Air Blank 23:16

0.077Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:17

Data Download Date/Time: 10/31/2020 03:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:2010/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:58

Clearwater PD

YEATES,SCOTT

10/05/2022

22620080A2

Clearwater PD

VENEZIA,STEVEN,L

BUTLER

10/28/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:43 No Sample Provided

0.000Breath Volume 03:43

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2Subject Sample 03:48 No Sample Provided

0.000Breath Volume 03:48

0.000Air Blank 03:49

0.079Control Test 03:49

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 10/31/2020 03:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:5510/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:32

Clearwater PD

BUIS,J

10/05/2022

22620080A2

Clearwater PD

BUIS,J,M

PACKER

10/28/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.078Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:12 No Sample Provided

0.000Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2Subject Sample 22:18 No Sample Provided

0.000Breath Volume 22:18

0.000Air Blank 22:18

0.078Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 10/31/2020 03:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001740CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:0210/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:51

Clearwater PD

NEGERSMITH,DANIEL

10/05/2022

22620080A2

Clearwater PD

NEGERSMITH,DANIEL,M

CATALANOTTO

10/28/2020

8100.27

CLEARWATER PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.078Control Test 02:39

0.000Air Blank 02:40

# 1 0.099Subject Sample 02:41

2.050Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.101Subject Sample 02:44

1.832Breath Volume 02:44

0.000Air Blank 02:45

0.077Control Test 02:45

0.000Air Blank 02:45

OKDiagnostics Check 02:46

Data Download Date/Time: 10/31/2020 03:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:3610/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

21:44

FHP Troop C

ANGELICCHI,JOSEPH

03/19/2022

1111579

FHP Troop C

ANGELICCHI,JOSEPH,S

SIMMS

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.080Control Test 22:26

0.000Air Blank 22:27

# 1 0.202Subject Sample 22:27

3.851Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.200Subject Sample 22:30

4.191Breath Volume 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:2110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:58

FHP Troop F

FALLUCCA,MARIO

03/19/2022

1111579

FHP Troop F

FALLUCCA,MARIO,J

THOMAS

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:07

0.000Air Blank 01:07

0.080Control Test 01:07

0.000Air Blank 01:08

# 1Subject Sample 01:08 Subject Test Refused

0.000Breath Volume 01:08

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:4410/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:36

Bradenton PD

WENTLAND,ALEX

03/19/2022

1111579

Bradenton PD

GWODZ,OFC,R

DAVIS

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

# 1 0.243Subject Sample 03:37

2.695Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.242Subject Sample 03:40

1.910Breath Volume 03:40

0.000Air Blank 03:41

0.076Control Test 03:42

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:4010/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:39

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

LEDFORD

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:40

# 1 0.174Subject Sample 00:41

1.429Breath Volume 00:41

0.000Air Blank 00:42

0.000Air Blank 00:44

# 2 0.175Subject Sample 00:45

1.554Breath Volume 00:45

0.000Air Blank 00:45

0.079Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:3110/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

22:42

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

GALLARDO

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:54

0.000Air Blank 23:54

0.079Control Test 23:55

0.000Air Blank 23:55

# 1 0.152Subject Sample 23:56

3.269Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.163Subject Sample 23:59

2.683Breath Volume 23:59

0.000Air Blank 00:00

0.079Control Test 00:00

0.000Air Blank 00:01

OKDiagnostics Check 00:01

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:2610/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:20

FHP Troop F

HAEUSSLER,BRETT

03/19/2022

1111579

FHP Troop F

HAEUSSLER,BRETT,W

SCARPINO

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 20:00

# 1 0.015Subject Sample 20:02

1.316Breath Volume 20:02

0.000Air Blank 20:02

0.000Air Blank 20:04

# 2 0.015Subject Sample 20:04

1.453Breath Volume 20:04

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:04

19:14

FFWCC (Lakeland)

GONZALES,AARON

03/19/2022

1111579

FFWCC (Lakeland)

DALTON,JASON,A

HERNANDEZ

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:57

0.000Air Blank 20:57

0.079Control Test 20:58

0.000Air Blank 20:58

# 1 0.168Subject Sample 21:01

1.273Breath Volume 21:01

0.000Air Blank 21:02

0.000Air Blank 21:04

# 2 0.184Subject Sample 21:04

2.769Breath Volume 21:04

0.000Air Blank 21:05

0.077Control Test 21:05

0.000Air Blank 21:06

OKDiagnostics Check 21:06

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5710/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:00

Bradenton PD

GWODZ,OFC

03/19/2022

1111579

Bradenton PD

GWODZ,OFC,R

FITZPATRICK

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 01:59

# 1Subject Sample 02:00 Subject Test Refused

0.000Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4110/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:01

21:25

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

KENNEDY

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:23

0.000Air Blank 22:23

0.079Control Test 22:24

0.000Air Blank 22:24

# 1 0.000Subject Sample 22:25

2.968Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.000Subject Sample 22:28

2.375Breath Volume 22:28

0.000Air Blank 22:28

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:4010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:05

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

VELASQUEZ

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:14

0.079Control Test 22:15

0.000Air Blank 22:15

# 1 0.331Subject Sample 22:16

1.898Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:19

# 2 0.323Subject Sample 22:19

1.578Breath Volume 22:19

0.000Air Blank 22:20

0.078Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:3110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:31

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

ZUNIGA SAMANIEGO

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

# 1 0.247Subject Sample 04:28

1.988Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.262Subject Sample 04:31

2.660Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:3110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:10

03:58

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

SERRANO FIGUEROA

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:02

0.079Control Test 06:02

0.000Air Blank 06:03

# 1 0.104Subject Sample 06:04

1.687Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:06

# 2 0.113Subject Sample 06:07

1.785Breath Volume 06:07

0.000Air Blank 06:08

0.078Control Test 06:08

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 10/20/2020 08:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:5210/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

18:10

18:00

Manatee County SO

TEST,TEST

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

TEST

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:31

0.000Air Blank 18:32

0.079Control Test 18:32

0.000Air Blank 18:32

# 1 0.000Subject Sample 18:33

3.117Breath Volume 18:33

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.000Subject Sample 18:36

3.269Breath Volume 18:36

0.000Air Blank 18:36

0.078Control Test 18:37

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:1210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

00:22

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

SAMAYOA CALDERON

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:47

0.000Air Blank 00:47

0.079Control Test 00:48

0.000Air Blank 00:48

# 1 0.173Subject Sample 00:51 Volume Not Met

0.730Breath Volume 00:51

0.000Air Blank 00:52

0.000Air Blank 00:54

# 2 0.162Subject Sample 00:55

2.867Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 3 0.159Subject Sample 00:58

2.433Breath Volume 00:58

0.000Air Blank 00:59

0.077Control Test 00:59

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:47

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

GOODFELLOW

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:10

0.079Control Test 01:10

0.000Air Blank 01:10

# 1 0.185Subject Sample 01:11

4.078Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:13

# 2 0.178Subject Sample 01:14

4.097Breath Volume 01:14

0.000Air Blank 01:14

0.078Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:1110/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:49

18:48

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

CASTRO SANTIAGO

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:09

0.000Air Blank 19:10

0.079Control Test 19:10

0.000Air Blank 19:11

# 1 0.182Subject Sample 19:11

3.542Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.181Subject Sample 19:14

3.660Breath Volume 19:14

0.000Air Blank 19:15

0.078Control Test 19:15

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:4410/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

23:30

23:29

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

TEST

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:08

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:10

# 1 0.000Subject Sample 00:10

1.496Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.000Subject Sample 00:13

1.269Breath Volume 00:13

0.000Air Blank 00:13

0.078Control Test 00:14

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:23:2310/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

23:45

23:15

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

TEST

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:18

# 1 0.000Subject Sample 00:19

1.285Breath Volume 00:19

0.000Air Blank 00:19

0.000Air Blank 00:21

# 2 0.000Subject Sample 00:22

1.347Breath Volume 00:22

0.000Air Blank 00:22

0.077Control Test 00:22

0.000Air Blank 00:23

OKDiagnostics Check 00:23

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:1510/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

23:45

23:44

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

TEST

10/20/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.000Subject Sample 00:34

2.027Breath Volume 00:34

0.000Air Blank 00:34

0.000Air Blank 00:36

# 2 0.000Subject Sample 00:36

1.523Breath Volume 00:36

0.000Air Blank 00:37

0.079Control Test 00:37

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 11/24/2020 10:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:43:0810/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

22:35

Jacksonville SO

HIXSON,C

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

HUGHES

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:40

0.079Control Test 01:41

0.000Air Blank 01:41

# 1Subject Sample 01:41 Subject Test Refused

0.000Breath Volume 01:41

0.000Air Blank 01:42

0.078Control Test 01:42

0.000Air Blank 01:43

OKDiagnostics Check 01:43

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:0910/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:11

Jacksonville SO

HAWKINS,A

10/05/2021

22419080A2

Jacksonville Beach

SUTTON,BRADEN,J

DRILL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:02 Subject Test Refused

0.000Breath Volume 04:02

0.000Air Blank 04:03

0.078Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:26:2610/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:51

05:45

Jacksonville SO

HART,A

10/05/2021

22419080A2

Jacksonville SO

WAY,L,

BURKE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:19

0.000Air Blank 07:19

0.079Control Test 07:20

0.000Air Blank 07:20

# 1 0.135Subject Sample 07:21

1.441Breath Volume 07:21

0.000Air Blank 07:22

0.000Air Blank 07:24

# 2 0.141Subject Sample 07:24

1.562Breath Volume 07:24

0.000Air Blank 07:25

0.078Control Test 07:25

0.000Air Blank 07:26

OKDiagnostics Check 07:26

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:4810/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

23:35

Jacksonville SO

LUGO,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

NANCE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

# 1 0.206Subject Sample 01:48

2.855Breath Volume 01:48

0.000Air Blank 01:48

0.000Air Blank 01:50

# 2 0.211Subject Sample 01:51

2.941Breath Volume 01:51

0.000Air Blank 01:51

0.079Control Test 01:52

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

00:48

Jacksonville SO

HAWKINS,A

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

HERRON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:57

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:1410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

02:41

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville Beach

SUTTON,BRADEN,J

KNIGHT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.078Control Test 04:33

0.000Air Blank 04:34

# 1Subject Sample 04:34 Subject Test Refused

0.000Breath Volume 04:34

0.000Air Blank 04:35

0.079Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:31:3410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

11:30

Jacksonville SO

KASSIS,F

10/05/2021

22419080A2

Jacksonville SO

YOHN,A,W

PERRY

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:25

0.000Air Blank 13:25

0.078Control Test 13:26

0.000Air Blank 13:26

# 1 0.215Subject Sample 13:27

2.761Breath Volume 13:27

0.000Air Blank 13:27

0.000Air Blank 13:29

# 2 0.222Subject Sample 13:30

3.253Breath Volume 13:30

0.000Air Blank 13:30

0.079Control Test 13:30

0.000Air Blank 13:31

OKDiagnostics Check 13:31

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:01:5110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:35

19:20

Jacksonville SO

LUGO,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ODOM

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:55

0.000Air Blank 20:55

0.079Control Test 20:56

0.000Air Blank 20:56

# 1 0.165Subject Sample 20:57

2.847Breath Volume 20:57

0.000Air Blank 20:57

0.000Air Blank 20:59

# 2 0.176Subject Sample 21:00

2.914Breath Volume 21:00

0.000Air Blank 21:00

0.079Control Test 21:01

0.000Air Blank 21:01

OKDiagnostics Check 21:01

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:20:4610/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:54

10:07

Jacksonville SO

SOPATA,N

10/05/2021

22419080A2

Jacksonville SO

LEVERETT,I,

BINNS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:14

0.000Air Blank 12:14

0.079Control Test 12:15

0.000Air Blank 12:15

# 1 0.141Subject Sample 12:16

2.003Breath Volume 12:16

0.000Air Blank 12:16

0.000Air Blank 12:18

# 2 0.135Subject Sample 12:19

2.113Breath Volume 12:19

0.000Air Blank 12:19

0.078Control Test 12:20

0.000Air Blank 12:20

OKDiagnostics Check 12:20

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:52:0710/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:23

19:10

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ARGOTE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:43

0.000Air Blank 20:43

0.078Control Test 20:44

0.000Air Blank 20:44

# 1 0.245Subject Sample 20:46

1.812Breath Volume 20:46

0.000Air Blank 20:47

0.000Air Blank 20:49

# 2 0.244Subject Sample 20:50

1.472Breath Volume 20:50

0.000Air Blank 20:51

0.078Control Test 20:51

0.000Air Blank 20:52

OKDiagnostics Check 20:52

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:0010/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:05

Jacksonville SO

PATTERSON,K

10/05/2021

22419080A2

FHP Troop G

SUTTON,BRADEN,J

GONZALEZ

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.078Control Test 01:46

0.000Air Blank 01:47

# 1Subject Sample 01:47 Subject Test Refused

0.000Breath Volume 01:47

0.000Air Blank 01:48

0.078Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:49

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5310/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

23:30

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

WILLIAMS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:27

# 1 0.095Subject Sample 02:28

1.609Breath Volume 02:28

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.090Subject Sample 02:31

2.050Breath Volume 02:31

0.000Air Blank 02:31

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:0610/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:48

16:10

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

KELLEY

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:08

0.000Air Blank 20:09

0.078Control Test 20:09

0.000Air Blank 20:09

# 1 0.140Subject Sample 20:10

2.949Breath Volume 20:10

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.143Subject Sample 20:13

2.988Breath Volume 20:13

0.000Air Blank 20:14

0.078Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:2210/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

00:00

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

MITCHELL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.079Control Test 03:04

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.079Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:2710/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

02:45

Jacksonville SO

O'CONNELL,S

10/05/2021

22419080A2

Jacksonville Beach

CROSBY,C,B

RADCLIFFE

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.078Control Test 06:33

0.000Air Blank 06:34

# 1 0.183Subject Sample 06:34

3.078Breath Volume 06:34

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.179Subject Sample 06:37

3.335Breath Volume 06:37

0.000Air Blank 06:38

0.077Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:1010/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:59

18:25

Jacksonville SO

JOHNS,B

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

DIAZ-MEJIA

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:20

0.079Control Test 21:20

0.000Air Blank 21:21

# 1 0.021Subject Sample 21:21

1.328Breath Volume 21:21

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.022Subject Sample 21:24

2.765Breath Volume 21:24

0.000Air Blank 21:25

0.079Control Test 21:25

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0710/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

00:49

Jacksonville SO

HAWKINS,A

10/05/2021

22419080A2

Jacksonville Beach

CARMONA-SANCHEZ,R,J

TOWER

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.079Control Test 03:16

0.000Air Blank 03:17

# 1Subject Sample 03:18 Subject Test Refused

0.000Breath Volume 03:18

0.000Air Blank 03:19

0.079Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:4010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

23:23

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

EBERHARDT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:06

0.000Air Blank 02:07

0.079Control Test 02:07

0.000Air Blank 02:07

# 1 0.154Subject Sample 02:08

2.875Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.158Subject Sample 02:11

1.789Breath Volume 02:11

0.000Air Blank 02:11

0.079Control Test 02:12

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:06:0010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

01:55

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville Beach

CROSBY,C,B

JIMENEZ

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 06:00

0.079Control Test 06:00

0.000Air Blank 06:01

# 1 0.115Subject Sample 06:01

2.878Breath Volume 06:01

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.114Subject Sample 06:04

2.656Breath Volume 06:04

0.000Air Blank 06:05

0.078Control Test 06:05

0.000Air Blank 06:05

OKDiagnostics Check 06:06

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:3210/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

20:50

Jacksonville SO

MOELLER,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

CARDONA-SOLER

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:1210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

22:44

Jacksonville SO

DESOUZA,A

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ELLINGTON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.079Control Test 00:51

0.000Air Blank 00:51

# 1 0.032Subject Sample 00:52

2.320Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.032Subject Sample 00:55

2.042Breath Volume 00:55

0.000Air Blank 00:56

0.078Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

01:30

Jacksonville SO

WHITE,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

JOHNSON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:31

# 1Subject Sample 03:32 Subject Test Refused

0.000Breath Volume 03:32

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:10:4810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

00:36

Jacksonville SO

DESOUZA,A

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ALVEREZ VENTURA

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:03

0.000Air Blank 04:04

0.078Control Test 04:04

0.000Air Blank 04:04

# 1 0.284Subject Sample 04:05

1.902Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:08

# 2 0.292Subject Sample 04:09

1.226Breath Volume 04:09

0.000Air Blank 04:09

0.078Control Test 04:10

0.000Air Blank 04:10

OKDiagnostics Check 04:10

Data Download Date/Time: 10/21/2020 11:01

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:16:4910/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:53

04:33

Jacksonville SO

DURHAM,C

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

PARKER

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:13

0.000Air Blank 06:14

0.078Control Test 06:14

0.000Air Blank 06:15

# 1Subject Sample 06:15 Subject Test Refused

0.000Breath Volume 06:15

0.000Air Blank 06:15

0.079Control Test 06:16

0.000Air Blank 06:16

OKDiagnostics Check 06:16

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:5010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

18:04

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

THOMAS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:51

# 1 0.000Subject Sample 19:52

3.468Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:55

3.160Breath Volume 19:55

0.000Air Blank 19:55

0.079Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:0410/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:15

Jacksonville SO

DESOUZA,A

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

SENG

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.079Control Test 00:23

0.000Air Blank 00:24

# 1Subject Sample 00:24 Subject Test Refused

0.000Breath Volume 00:24

0.000Air Blank 00:25

0.079Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:26

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:2010/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:05

Jacksonville SO

MOELLER,R

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

CORBETT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:26

0.000Air Blank 01:26

0.079Control Test 01:27

0.000Air Blank 01:27

# 1 0.000Subject Sample 01:28

2.046Breath Volume 01:28

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.000Subject Sample 01:30

2.808Breath Volume 01:30

0.000Air Blank 01:31

0.079Control Test 01:31

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:0310/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:15

Jacksonville SO

FISETTE,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

DOGGWILER

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:29

0.079Control Test 21:29

0.000Air Blank 21:29

# 1 0.049Subject Sample 21:30

3.707Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.048Subject Sample 21:33

3.867Breath Volume 21:33

0.000Air Blank 21:34

0.080Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:35

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:5710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

00:55

Jacksonville SO

LUGO,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

WATSON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:23:5310/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

17:57

Jacksonville SO

NELSON,J

10/05/2021

22419080A2

Jacksonville SO

GROBES,S,D

DUVAL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.079Control Test 21:21

0.000Air Blank 21:21

# 1 0.011Subject Sample 21:22

1.832Breath Volume 21:22

Air Blank 21:22 RFI Detect

0.000Air Blank 21:22

0.080Control Test 21:23

0.000Air Blank 21:23

OKDiagnostics Check 21:23

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5810/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

17:57

Jacksonville SO

NELSON,J

10/05/2021

22419080A2

Jacksonville SO

GROBES,S,D

DUVAL

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

# 1 0.010Subject Sample 21:28

1.601Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.008Subject Sample 21:31

1.453Breath Volume 21:31

0.000Air Blank 21:32

0.079Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:4610/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

21:50

Jacksonville SO

DOUGHFMAN,D

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

MEDEIROS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.079Control Test 23:08

0.000Air Blank 23:09

# 1 0.085Subject Sample 23:12

1.371Breath Volume 23:12

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.083Subject Sample 23:15

1.285Breath Volume 23:15

0.000Air Blank 23:15

0.078Control Test 23:16

0.000Air Blank 23:16

OKDiagnostics Check 23:16

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:4910/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

01:45

Jacksonville SO

JARMAN,S

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

BECK

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.079Control Test 04:08

0.000Air Blank 04:09

# 1 0.209Subject Sample 04:10

2.582Breath Volume 04:10

0.000Air Blank 04:11

0.000Air Blank 04:12

# 2 0.188Subject Sample 04:14

1.468Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 3 0.188Subject Sample 04:17

1.394Breath Volume 04:17

0.000Air Blank 04:17

0.078Control Test 04:18

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:2710/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

01:20

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

BOLENA

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.078Control Test 03:04

0.000Air Blank 03:04

# 1 0.000Subject Sample 03:05

1.507Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.000Subject Sample 03:08

2.187Breath Volume 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:3810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

02:01

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

BARAJAS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

# 1Subject Sample 04:29 Subject Test Refused

0.000Breath Volume 04:29

0.000Air Blank 04:29

0.079Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:4810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

20:01

Jacksonville SO

HIXSON,C

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

FRATTINI

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

# 1Subject Sample 23:58 Subject Test Refused

0.000Breath Volume 23:58

0.000Air Blank 23:58

0.079Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:2510/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

00:52

Jacksonville SO

SIMMS,J

10/05/2021

22419080A2

FHP Troop G

CROSBY,C,B

MATSON

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.079Control Test 03:34

0.000Air Blank 03:35

# 1 0.072Subject Sample 03:36

2.304Breath Volume 03:36

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.073Subject Sample 03:38

2.445Breath Volume 03:38

0.000Air Blank 03:39

0.078Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:0010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:07

19:30

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

SIPHACHANH

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1 0.193Subject Sample 22:30

1.500Breath Volume 22:30

0.000Air Blank 22:30

0.000Air Blank 22:32

# 2 0.203Subject Sample 22:33

1.546Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:34

OKDiagnostics Check 22:35

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

22:42

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

TERRY

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.212Subject Sample 01:14

1.769Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.223Subject Sample 01:18

1.472Breath Volume 01:18

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:0110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

00:41

Jacksonville SO

JOHNS,B

10/05/2021

22419080A2

Jacksonville SO

PRESCOTT,A,A

GALLUPS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:13

# 1Subject Sample 04:13 Subject Test Refused

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:15

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:2010/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

02:45

Jacksonville SO

PATTERSON,K

10/05/2021

22419080A2

FHP Troop G

CROSBY,C,B

SAINTELOIT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.079Control Test 05:11

0.000Air Blank 05:12

# 1 0.155Subject Sample 05:14

1.316Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:17

# 2 0.163Subject Sample 05:17

1.417Breath Volume 05:17

0.000Air Blank 05:18

0.079Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

18:50

Jacksonville SO

PETERSON,J

10/05/2021

22419080A2

Jacksonville SO

CROSBY,C,B

PERKINS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.079Control Test 21:02

0.000Air Blank 21:02

# 1Subject Sample 21:02 Subject Test Refused

0.000Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:4610/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:20

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

HARRIS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:45

0.080Control Test 22:45

0.000Air Blank 22:46

# 1Subject Sample 22:46 Subject Test Refused

0.000Breath Volume 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5410/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

21:46

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

GRANT

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1Subject Sample 00:28 Subject Test Refused

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.079Control Test 00:29

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:5610/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:00

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

PURVIS,M,C

THOMAS

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:06

# 1 0.190Subject Sample 03:07

2.863Breath Volume 03:07

0.000Air Blank 03:08

0.000Air Blank 03:09

# 2 0.189Subject Sample 03:10

2.738Breath Volume 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

OKDiagnostics Check 03:11

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:1310/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:56

00:31

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

STRIZHKOV

09/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:17

0.000Air Blank 02:18

# 1 0.262Subject Sample 02:18

1.316Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.245Subject Sample 02:21

1.312Breath Volume 02:21

0.000Air Blank 02:22

0.078Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 10/21/2020 11:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001743CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:46:5610/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

08:35

Jacksonville SO

CARBAJAL,J

10/05/2021

22419080A2

Jacksonville SO

LEVERETT,I,

BALSAMO II

10/21/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:40

0.000Air Blank 11:41

0.079Control Test 11:41

0.000Air Blank 11:42

# 1 0.000Subject Sample 11:42

1.929Breath Volume 11:42

0.000Air Blank 11:42

0.000Air Blank 11:44

# 2 0.000Subject Sample 11:45

1.824Breath Volume 11:45

0.000Air Blank 11:46

0.079Control Test 11:46

0.000Air Blank 11:46

OKDiagnostics Check 11:46

Data Download Date/Time: 11/17/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:4310/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:26

New Smyrna Beach PD

TRZASKA,JOSEPH

01/05/2022

10818080A5

New Smyrna Beach PD

STARLING,DARREN,J

BUCIO

09/20/2020

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:28

0.000Air Blank 21:28

0.080Control Test 21:29

0.000Air Blank 21:29

# 1 0.123Subject Sample 21:30

2.714Breath Volume 21:30

0.000Air Blank 21:31

0.000Air Blank 21:32

# 2 0.132Subject Sample 21:33

3.359Breath Volume 21:33

0.000Air Blank 21:33

0.079Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 10/21/2020 08:22

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:40:4510/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:11

15:02

New Smyrna Beach PD

ISHIKAWA,JORDAN

01/05/2022

30219080A3

New Smyrna Beach PD

HUNNEFELD,RALPH,A

BAFUMI-COITRONE

09/20/2020

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:34

0.000Air Blank 15:34

0.079Control Test 15:35

0.000Air Blank 15:35

# 1 0.317Subject Sample 15:36

2.531Breath Volume 15:36

0.000Air Blank 15:36

0.000Air Blank 15:38

# 2 0.320Subject Sample 15:39

2.117Breath Volume 15:39

0.000Air Blank 15:39

0.079Control Test 15:40

0.000Air Blank 15:40

OKDiagnostics Check 15:40

Data Download Date/Time: 10/21/2020 08:22

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:1610/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

20:34

New Smyrna Beach PD

TUZCUOGLU,NACI

01/05/2022

30219080A3

Edgewater PD

HELMS,WILLIAM,A

TAYLOR

09/20/2020

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:31

1.289Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:33

1.273Breath Volume 21:33

0.000Air Blank 21:34

0.078Control Test 21:34

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 10/21/2020 08:22

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002231CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:5610/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:56

00:30

New Smyrna Beach PD

JARREL,JASMINE

01/05/2022

30219080A3

New Smyrna Beach PD

INGRAM,TRISTAN,N

CRAWFORD

10/18/2020

8100.27

NEW SMYRNA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.080Control Test 00:58

0.000Air Blank 00:59

# 1 0.000Subject Sample 00:59

4.519Breath Volume 00:59

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.000Subject Sample 01:02

4.511Breath Volume 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:03

OKDiagnostics Check 01:03

Data Download Date/Time: 12/02/2020 05:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002464CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:38:0210/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

03:05

HIALEAH PD

MOLINA,JOSHUA

10/31/2022

1224982

HIALEAH PD

MEDINA,ALEXIS,

SOTO

10/28/2020

8100.27

HIALEAH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:31

0.080Control Test 04:32

0.000Air Blank 04:32

# 1 0.187Subject Sample 04:33

2.785Breath Volume 04:33

0.000Air Blank 04:33

0.000Air Blank 04:35

# 2 0.182Subject Sample 04:36

3.136Breath Volume 04:36

0.000Air Blank 04:37

0.080Control Test 04:37

0.000Air Blank 04:37

OKDiagnostics Check 04:38

Data Download Date/Time: 11/17/2020 14:53

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002566CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:1410/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

03:03

Bal Harbour Vil PD

NAVAS,DAVID

07/30/2022

1175968

Bal Harbour Vil PD

NAVAS,DAVID,E

SANCHEZ

09/02/2020

8100.27

SURFSIDE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.078Control Test 03:31

0.000Air Blank 03:31

# 1 0.168Subject Sample 03:33

1.445Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.168Subject Sample 03:36

2.687Breath Volume 03:36

0.000Air Blank 03:37

0.074Control Test 03:37 Control Outside Tolerance

0.000Air Blank 03:38

Data Download Date/Time: 10/29/2020 12:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:1610/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:34

18:02

OTHER Local

HODGES,8L01

05/11/2022

1141545

OTHER Local

HODGES,TITUS,R

BUITRAGO

09/29/2020

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:05

0.000Air Blank 18:06

0.079Control Test 18:06

0.000Air Blank 18:06

# 1 0.237Subject Sample 18:07

1.390Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:09

# 2 0.237Subject Sample 18:10

1.839Breath Volume 18:10

0.000Air Blank 18:11

0.079Control Test 18:11

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 11/02/2020 15:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:2710/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:35

OTHER Local

HODGES,TITUS

05/11/2022

1141545

OTHER Local

HODGES,TITUS,R

ANDREWS

09/29/2020

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:28

0.000Air Blank 03:29

0.079Control Test 03:29

0.000Air Blank 03:29

# 1 0.213Subject Sample 03:31

1.589Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.212Subject Sample 03:36

1.828Breath Volume 03:36

0.000Air Blank 03:37

0.079Control Test 03:37

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 11/02/2020 15:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4810/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

01:56

OTHER Local

BLANCO,BRYAN

05/11/2022

1141545

OTHER Local

BLANCO,BRYAN,

WILSON

09/29/2020

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.080Control Test 02:33

0.000Air Blank 02:34

# 1 0.155Subject Sample 02:37 Volume Not Met

0.601Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.166Subject Sample 02:42

1.781Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 3 0.168Subject Sample 02:45

1.472Breath Volume 02:45

0.000Air Blank 02:46

0.075Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 11/02/2020 15:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002987CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5910/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:37

OTHER Local

HODGES,TITUS

05/11/2022

1141545

OTHER Local

HODGES,TITUS,R

BASTIAN

09/29/2020

8100.27

MIAMI GARDENS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.080Control Test 22:43

0.000Air Blank 22:44

# 1Subject Sample 22:44 Subject Test Refused

0.000Breath Volume 22:44

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 11/02/2020 15:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:0010/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:39

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

COKENOUR

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:52

# 1 0.165Subject Sample 00:53

3.714Breath Volume 00:53

0.000Air Blank 00:54

0.000Air Blank 00:55

# 2 0.153Subject Sample 00:56

2.902Breath Volume 00:56

0.000Air Blank 00:57

0.079Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:58

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3610/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

11:18

FHP Troop H

DEAN,DONALD

02/05/2021

32518080A1

FHP Troop H

DEAN,DONALD,E

PATTY

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.077Control Test 00:05

0.000Air Blank 00:05

# 1 0.172Subject Sample 00:06

4.140Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.167Subject Sample 00:08

4.183Breath Volume 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:49:5110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:32

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

BAKER

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:44

# 1 0.046Subject Sample 00:45

2.152Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:47

# 2 0.046Subject Sample 00:48

2.164Breath Volume 00:48

0.000Air Blank 00:48

0.077Control Test 00:49

0.000Air Blank 00:49

OKDiagnostics Check 00:49

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:3610/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

20:24

FHP Troop H

MOSCHETTO,ANTHONY

02/05/2021

32518080A1

FHP Troop H

MOSCHETTO,ANTHONY,C

WILCOXSON

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.077Control Test 02:52

0.000Air Blank 02:52

# 1 0.117Subject Sample 02:54

1.750Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.125Subject Sample 02:58

1.781Breath Volume 02:58

0.000Air Blank 02:59

0.077Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:5110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:55

Tallahassee PD

THOMPSON,JEFFREY

02/05/2021

32518080A1

Tallahassee PD

THOMPSON,JEFFREY,A

BARWICK

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.077Control Test 19:21

0.000Air Blank 19:21

# 1 0.008Subject Sample 19:22

2.156Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:24

# 2 0.012Subject Sample 19:25

2.148Breath Volume 19:25

0.000Air Blank 19:25

0.077Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2810/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:16

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

FLEMMING

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:22

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:24

# 1 0.208Subject Sample 00:27 Volume Not Met

0.035Breath Volume 00:27

Air Blank 00:28 Purge Fail

0.000Air Blank 00:28

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-002989CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3210/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

00:16

Tallahassee PD

ROY,GARY

02/05/2021

32518080A1

Tallahassee PD

ROY,GARY,

FLEMMING

09/28/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:31

0.000Air Blank 00:31

0.072Control Test 00:31 Control Outside Tolerance

0.000Air Blank 00:32

Data Download Date/Time: 12/07/2020 11:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:2810/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:23

Hillsborough Co SO

REID,W

10/05/2021

22419080A2

FHP Troop C

MONTGOMERY,ALECIA,L

BRYANT

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.287Subject Sample 02:17

1.734Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.255Subject Sample 02:21

1.101Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 3 0.249Subject Sample 02:23

1.898Breath Volume 02:23

0.000Air Blank 02:24

0.079Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 10/20/2020 10:38

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:08

22:49

Hillsborough Co SO

ARCHAMBEAU,M

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

PLAZAS CORNEJO

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.079Control Test 23:29

0.000Air Blank 23:30

# 1 0.178Subject Sample 23:30

2.664Breath Volume 23:30

0.000Air Blank 23:31

0.000Air Blank 23:32

# 2 0.182Subject Sample 23:33

2.828Breath Volume 23:33

0.000Air Blank 23:33

0.078Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1110/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:43

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

DE LOS SANTOS VALERA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.079Control Test 00:36

0.000Air Blank 00:36

# 1 0.142Subject Sample 00:37

2.011Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.142Subject Sample 00:40

2.179Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2710/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:40

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

JONES,D,C

FORNESS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.080Control Test 22:48

0.000Air Blank 22:49

# 1 0.241Subject Sample 22:50

2.000Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.255Subject Sample 22:52

1.906Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:4910/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:36

Hillsborough Co SO

SNAGGS,S

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

AHIK

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.080Control Test 23:06

0.000Air Blank 23:07

# 1 0.139Subject Sample 23:08

1.351Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 2 0.144Subject Sample 23:11

2.085Breath Volume 23:11

0.000Air Blank 23:11

0.079Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:4410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:45

Hillsborough Co SO

BLANCHARD,G

10/05/2021

22419080A2

Tampa PD

JONES,D,C

CHAVES PEREZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:23

0.000Air Blank 04:23

0.080Control Test 04:23

0.000Air Blank 04:24

# 1 0.244Subject Sample 04:25

2.460Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:27

# 2 0.223Subject Sample 04:28

1.644Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 3 0.249Subject Sample 04:32

2.546Breath Volume 04:32

0.000Air Blank 04:32

0.078Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:1110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:18

03:36

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

EGGLESTON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:38

0.079Control Test 04:39

0.000Air Blank 04:39

# 1 0.069Subject Sample 04:40

2.691Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.067Subject Sample 04:43

2.382Breath Volume 04:43

0.000Air Blank 04:44

0.079Control Test 04:44

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:22

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

JONES,D,C

WHATLEY

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.079Control Test 05:05

0.000Air Blank 05:06

# 1 0.209Subject Sample 05:07

1.832Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.214Subject Sample 05:09

2.011Breath Volume 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:33:5910/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:07

05:05

Hillsborough Co SO

RODRIGUEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

JONES,D,C

RIOS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:28

0.000Air Blank 05:28

0.079Control Test 05:28

0.000Air Blank 05:29

# 1 0.068Subject Sample 05:29

2.671Breath Volume 05:29

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.067Subject Sample 05:32

2.691Breath Volume 05:32

0.000Air Blank 05:33

0.080Control Test 05:33

0.000Air Blank 05:33

OKDiagnostics Check 05:33

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:4510/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:29

Hillsborough Co SO

VAN-TREESE,S

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

KEENAN JR

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

# 1 0.221Subject Sample 22:23

3.355Breath Volume 22:23

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.221Subject Sample 22:26

3.722Breath Volume 22:26

0.000Air Blank 22:26

0.078Control Test 22:27

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:2310/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:58

23:13

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

VAN BEMDEN

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.114Subject Sample 00:23

1.304Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:25

# 2 0.120Subject Sample 00:27

1.656Breath Volume 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:29

OKDiagnostics Check 00:29

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:28:2110/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:01

17:10

Hillsborough Co SO

RAMOS,J

10/05/2021

22419080A2

Tampa PD

SNYDER,MELONIE,E

ROBLES MELENDEZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:22

0.080Control Test 18:22

0.000Air Blank 18:22

# 1 0.019Subject Sample 18:23

2.027Breath Volume 18:23

0.000Air Blank 18:24

0.000Air Blank 18:26

# 2 0.018Subject Sample 18:26

1.285Breath Volume 18:26

0.000Air Blank 18:27

0.080Control Test 18:27

0.000Air Blank 18:28

OKDiagnostics Check 18:28

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0410/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

01:59

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

KING

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

# 1 0.000Subject Sample 03:13

2.578Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:16

# 2 0.000Subject Sample 03:16

2.792Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:18

Data Download Date/Time: 10/20/2020 10:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:1610/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:12

00:59

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

PAQUETTE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:32

0.079Control Test 02:33

0.000Air Blank 02:33

# 1 0.000Subject Sample 02:35

2.109Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.000Subject Sample 02:38

2.304Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:2410/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:58

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

MCALLISTER

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1 0.207Subject Sample 02:38

1.351Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.209Subject Sample 02:41

1.140Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:5110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:17

Hillsborough Co SO

THORN,S

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

GUERRA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.079Control Test 22:55

0.000Air Blank 22:55

# 1 0.330Subject Sample 22:57

1.257Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 22:59

# 2 0.327Subject Sample 23:00

1.328Breath Volume 23:00

0.000Air Blank 23:00

0.078Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:4710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:35

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

GARUTTI

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

# 1 0.156Subject Sample 02:34

2.289Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:37

# 2 0.145Subject Sample 02:38

1.527Breath Volume 02:38

0.000Air Blank 02:38

0.078Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:2710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:20

05:41

Hillsborough Co SO

GARNER,W

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

NEAL

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:40

0.000Air Blank 06:40

0.079Control Test 06:41

0.000Air Blank 06:41

# 1 0.131Subject Sample 06:42

1.136Breath Volume 06:42

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.137Subject Sample 06:45

1.507Breath Volume 06:45

0.000Air Blank 06:46

0.079Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:2410/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:29

15:56

Hillsborough Co SO

HOPP,S

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

RUPERT

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:49

0.000Air Blank 16:50

0.080Control Test 16:50

0.000Air Blank 16:50

# 1 0.158Subject Sample 16:51

2.644Breath Volume 16:51

0.000Air Blank 16:52

0.000Air Blank 16:54

# 2 0.157Subject Sample 16:54

2.382Breath Volume 16:54

0.000Air Blank 16:55

0.080Control Test 16:55

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:51:1610/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

21:24

Hillsborough Co SO

ANDREWS,S

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

VALENZUELA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:44

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

# 1 0.152Subject Sample 21:46

3.117Breath Volume 21:46

0.000Air Blank 21:47

0.000Air Blank 21:49

# 2 0.151Subject Sample 21:49

3.437Breath Volume 21:49

0.000Air Blank 21:50

0.079Control Test 21:50

0.000Air Blank 21:51

OKDiagnostics Check 21:51

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0310/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

23:55

Hillsborough Co SO

ARBANAS,S

10/05/2021

22419080A2

FHP Troop C

PEQUIGNOT,KYLIE,C

AGUSTIN JR

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.081Control Test 01:36

0.000Air Blank 01:37

# 1 0.140Subject Sample 01:37

2.683Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.142Subject Sample 01:40

2.257Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

OKDiagnostics Check 01:42

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4510/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:10

Hillsborough Co SO

WOLSTENHOLM,A

10/05/2021

22419080A2

FHP Troop C

MASON,FRANCESCA,M

PAZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.081Control Test 02:54

0.000Air Blank 02:55

# 1 0.126Subject Sample 02:56

1.445Breath Volume 02:56

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.123Subject Sample 02:59

1.191Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:56:3210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:26

04:24

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

THOMAS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:49

0.000Air Blank 06:49

0.080Control Test 06:49

0.000Air Blank 06:50

# 1 0.041Subject Sample 06:51

1.691Breath Volume 06:51

0.000Air Blank 06:52

0.000Air Blank 06:54

# 2 0.040Subject Sample 06:55

1.578Breath Volume 06:55

0.000Air Blank 06:55

0.080Control Test 06:55

0.000Air Blank 06:56

OKDiagnostics Check 06:56

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:48:1810/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:21

07:20

Hillsborough Co SO

VERKEST,M

10/05/2021

22419080A2

Hillsborough Co SO

SNYDER,MELONIE,E

ELIZARRARAS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:43

0.080Control Test 08:43

0.000Air Blank 08:44

# 1 0.149Subject Sample 08:44

1.488Breath Volume 08:44

0.000Air Blank 08:45

0.000Air Blank 08:47

# 2 0.139Subject Sample 08:47

1.542Breath Volume 08:47

Air Blank 08:48 RFI Detect

Air Blank 08:48 RFI Detect

Data Download Date/Time: 10/20/2020 10:40

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:4610/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:21

07:20

Hillsborough Co SO

VERKEST,M

10/05/2021

22419080A2

Hillsborough Co SO

SNYDER,MELONIE,E

ELIZARRARAS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:50

0.000Air Blank 08:50

0.080Control Test 08:51

0.000Air Blank 08:51

# 1 0.140Subject Sample 08:52

1.187Breath Volume 08:52

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.139Subject Sample 08:55

2.269Breath Volume 08:55

0.000Air Blank 08:55

0.080Control Test 08:56

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 10/20/2020 10:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:0710/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:46

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

DOMINGUEZ DOMINGUEZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.081Control Test 02:46

0.000Air Blank 02:47

# 1 0.247Subject Sample 02:47

1.339Breath Volume 02:47

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.236Subject Sample 02:50

1.750Breath Volume 02:50

0.000Air Blank 02:51

0.079Control Test 02:51

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:43:3010/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:27

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

SIFUENTES

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:37

0.000Air Blank 19:37

0.079Control Test 19:38

0.000Air Blank 19:38

# 1 0.000Subject Sample 19:39

2.382Breath Volume 19:39

0.000Air Blank 19:39

0.000Air Blank 19:41

# 2 0.000Subject Sample 19:42

2.503Breath Volume 19:42

0.000Air Blank 19:42

0.080Control Test 19:42

0.000Air Blank 19:43

OKDiagnostics Check 19:43

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:49:0210/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:31

Hillsborough Co SO

RODRIGUEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

VASCONCELOS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:43

0.080Control Test 20:43

0.000Air Blank 20:44

# 1 0.091Subject Sample 20:44

2.890Breath Volume 20:44

0.000Air Blank 20:45

0.000Air Blank 20:47

# 2 0.082Subject Sample 20:47

1.527Breath Volume 20:47

0.000Air Blank 20:48

0.079Control Test 20:48

0.000Air Blank 20:48

OKDiagnostics Check 20:49

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:3710/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:08

05:27

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

SALLEE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:29

0.000Air Blank 06:29

0.079Control Test 06:29

0.000Air Blank 06:30

# 1 0.201Subject Sample 06:31

1.585Breath Volume 06:31

0.000Air Blank 06:31

0.000Air Blank 06:33

# 2 0.198Subject Sample 06:34

1.328Breath Volume 06:34

0.000Air Blank 06:34

0.079Control Test 06:35

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0310/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

21:49

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

JOHNSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:58

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:59

# 1 0.119Subject Sample 23:00

4.246Breath Volume 23:00

0.000Air Blank 23:01

0.000Air Blank 23:03

# 2 0.116Subject Sample 23:03

4.300Breath Volume 23:03

0.000Air Blank 23:04

0.078Control Test 23:04

0.000Air Blank 23:04

OKDiagnostics Check 23:05

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:50:1810/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:23

05:47

Hillsborough Co SO

DELORENZO,D

10/05/2021

22419080A2

Temple Terrace PD

DAIL,JULIE,A

MARSHALL

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:43

0.000Air Blank 06:44

0.080Control Test 06:44

0.000Air Blank 06:45

# 1 0.000Subject Sample 06:45

3.183Breath Volume 06:45

0.000Air Blank 06:46

0.000Air Blank 06:48

# 2 0.000Subject Sample 06:48

2.972Breath Volume 06:48

0.000Air Blank 06:49

0.080Control Test 06:49

0.000Air Blank 06:50

OKDiagnostics Check 06:50

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4410/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

00:13

Hillsborough Co SO

ANDREWS,S

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

DUNHAM

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:59

0.000Air Blank 02:59

0.079Control Test 03:00

0.000Air Blank 03:00

# 1 0.182Subject Sample 03:01

2.570Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:03

# 2 0.175Subject Sample 03:05

2.500Breath Volume 03:05

0.000Air Blank 03:05

0.079Control Test 03:06

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:0410/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:38

Hillsborough Co SO

BAAR,J

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

BENCOSME

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:34

# 1 0.135Subject Sample 03:35

2.335Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.137Subject Sample 03:38

1.960Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:40

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:5910/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:41

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

DIXON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:34

0.000Air Blank 21:34

0.079Control Test 21:34

0.000Air Blank 21:35

# 1 0.000Subject Sample 21:35

2.167Breath Volume 21:35

0.000Air Blank 21:36

0.000Air Blank 21:38

# 2 0.000Subject Sample 21:38

1.730Breath Volume 21:38

0.000Air Blank 21:39

0.079Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:2910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:05

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

CHAVEZ BAXCAJAY

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

# 1 0.088Subject Sample 00:10 Volume Not Met

0.519Breath Volume 00:10

0.000Air Blank 00:11

0.000Air Blank 00:13

# 2 0.104Subject Sample 00:14

2.234Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 3 0.095Subject Sample 00:17

1.542Breath Volume 00:17

0.000Air Blank 00:18

0.079Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:07:1210/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:11

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

GAMLIEL

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:59

0.000Air Blank 03:59

0.080Control Test 03:59

0.000Air Blank 04:00

# 1 0.051Subject Sample 04:02

1.792Breath Volume 04:02

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.049Subject Sample 04:05

1.250Breath Volume 04:05

0.000Air Blank 04:06

0.078Control Test 04:06

0.000Air Blank 04:07

OKDiagnostics Check 04:07

Data Download Date/Time: 10/20/2020 10:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1310/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:38

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

MARCOS TAGUJA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

# 1 0.168Subject Sample 05:04

3.019Breath Volume 05:04

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.172Subject Sample 05:07

2.578Breath Volume 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:4810/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:31

04:38

Hillsborough Co SO

CLARK,I

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

NUNEZ LLERA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:52

0.081Control Test 05:52

0.000Air Blank 05:53

# 1 0.182Subject Sample 05:54

1.164Breath Volume 05:54

0.000Air Blank 05:54

0.000Air Blank 05:56

# 2 0.191Subject Sample 05:57

1.679Breath Volume 05:57

0.000Air Blank 05:57

0.079Control Test 05:58

0.000Air Blank 05:58

OKDiagnostics Check 05:58

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:21:0610/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:52

06:01

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

JONES

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:12

0.000Air Blank 07:13

0.080Control Test 07:13

0.000Air Blank 07:14

# 1 0.145Subject Sample 07:16

1.953Breath Volume 07:16

0.000Air Blank 07:17

0.000Air Blank 07:18

# 2 0.147Subject Sample 07:19

3.101Breath Volume 07:19

0.000Air Blank 07:20

0.078Control Test 07:20

0.000Air Blank 07:21

OKDiagnostics Check 07:21

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:3010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:09

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SKIDMORE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:16

0.000Air Blank 21:16

# 1 0.216Subject Sample 21:17

1.507Breath Volume 21:17

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.215Subject Sample 21:20

1.621Breath Volume 21:20

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:5710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

00:59

Hillsborough Co SO

CLARK,I

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SERNA JR

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:13

0.000Air Blank 02:13

# 1Subject Sample 02:16 No Sample Provided

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:4410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:15

Hillsborough Co SO

GROSS,R

10/05/2021

22419080A2

U of So FL Campus PD

DAIL,JULIE,A

NICKSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.252Subject Sample 03:21

1.601Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.258Subject Sample 03:24

3.921Breath Volume 03:24

0.000Air Blank 03:24

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:3410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:30

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

RIVERA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.080Control Test 04:17

0.000Air Blank 04:18

# 1 0.109Subject Sample 04:18

1.968Breath Volume 04:18

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.109Subject Sample 04:22

2.976Breath Volume 04:22

0.000Air Blank 04:22

0.079Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:58:5310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:30

06:47

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

FRIAS

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:51

0.000Air Blank 07:51

0.079Control Test 07:51

0.000Air Blank 07:52

# 1 0.111Subject Sample 07:54

1.695Breath Volume 07:54

0.000Air Blank 07:54

0.000Air Blank 07:56

# 2 0.105Subject Sample 07:57

1.660Breath Volume 07:57

0.000Air Blank 07:57

0.079Control Test 07:58

0.000Air Blank 07:58

OKDiagnostics Check 07:58

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:3110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:12

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

CORDOVA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.080Control Test 23:10

0.000Air Blank 23:11

# 1 0.000Subject Sample 23:12

1.222Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.000Subject Sample 23:17

1.332Breath Volume 23:17

0.000Air Blank 23:17

0.080Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:5210/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

01:13

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

ROMAN MATIZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.080Control Test 02:09

0.000Air Blank 02:10

# 1 0.199Subject Sample 02:12

1.414Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:14

# 2 0.203Subject Sample 02:15

1.109Breath Volume 02:15

0.000Air Blank 02:15

0.079Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:52:3310/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:25

01:30

Hillsborough Co SO

FERGUSON,D 254546

10/05/2021

22419080A2

Hillsborough Co SO

SKIPPER,ROGER,G

BROOKS

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:45

0.000Air Blank 07:45

0.079Control Test 07:46

0.000Air Blank 07:46

# 1 0.062Subject Sample 07:47

1.800Breath Volume 07:47

0.000Air Blank 07:48

0.000Air Blank 07:50

# 2 0.064Subject Sample 07:51

2.351Breath Volume 07:51

0.000Air Blank 07:51

0.080Control Test 07:51

0.000Air Blank 07:52

OKDiagnostics Check 07:52

Data Download Date/Time: 10/20/2020 10:42

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:4510/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:42

04:26

Hillsborough Co SO

FISHER,T

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

NICKLIN

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.080Control Test 05:03

0.000Air Blank 05:04

# 1 0.145Subject Sample 05:05

4.304Breath Volume 05:05

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.140Subject Sample 05:08

3.234Breath Volume 05:08

0.000Air Blank 05:08

0.080Control Test 05:09

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:47:2610/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:21

22:39

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

RIVERA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:43

# 1Subject Sample 23:46 Sequence Aborted

0.000Breath Volume 23:46

0.000Air Blank 23:47

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:0810/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:39

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

RIVERA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

# 1Subject Sample 00:14 Sequence Aborted

0.000Breath Volume 00:14

0.000Air Blank 00:15

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:2210/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

22:39

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

RIVERA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.080Control Test 00:24

0.000Air Blank 00:24

# 1Subject Sample 00:25 Sequence Aborted

0.000Breath Volume 00:25

0.000Air Blank 00:26

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2110/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

22:39

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

RIVERA

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.081Control Test 00:53

0.000Air Blank 00:54

# 1Subject Sample 00:57 No Sample Provided

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.130Subject Sample 01:00

1.160Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 3 0.128Subject Sample 01:04

1.441Breath Volume 01:04

0.000Air Blank 01:05

0.081Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:5910/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:38

Hillsborough Co SO

GARNER,W

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

JACKSON

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.080Control Test 19:11

0.000Air Blank 19:11

# 1 0.143Subject Sample 19:12

2.304Breath Volume 19:12

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.147Subject Sample 19:15

2.617Breath Volume 19:15

0.000Air Blank 19:16

0.079Control Test 19:16

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:0810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:01

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

JEWETT

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:05

0.000Air Blank 19:05

0.080Control Test 19:06

0.000Air Blank 19:06

# 1 0.223Subject Sample 19:09 Volume Not Met

0.867Breath Volume 19:09

0.000Air Blank 19:10

0.000Air Blank 19:12

# 2 0.199Subject Sample 19:15 Volume Not Met

0.132Breath Volume 19:15

0.000Air Blank 19:16

0.079Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003387CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:32:3910/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:01

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

JEWETT

10/19/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:21

0.000Air Blank 19:21

0.078Control Test 19:21

0.000Air Blank 19:22

# 1 0.224Subject Sample 19:25 Volume Not Met

0.054Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:27

# 2 0.223Subject Sample 19:31 Volume Not Met

0.035Breath Volume 19:31

0.000Air Blank 19:31

0.078Control Test 19:32

0.000Air Blank 19:32

OKDiagnostics Check 19:32

Data Download Date/Time: 11/18/2020 12:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:1410/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:42

19:44

Hillsborough Co SO

DRISCOLL,B

08/05/2022

18220080A2

Hillsborough Co SO

DISMORE,NANCY,J

PEREZ SUAREZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:03

0.081Control Test 21:03

0.000Air Blank 21:04

# 1 0.197Subject Sample 21:05

1.996Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:07

# 2 0.203Subject Sample 21:08

3.089Breath Volume 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:10

OKDiagnostics Check 21:10

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:5010/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:15

Hillsborough Co SO

PATRON,A

08/05/2022

18220080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

ZUNUN ESCALANTE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:06

0.081Control Test 01:07

0.000Air Blank 01:07

# 1 0.143Subject Sample 01:08

1.316Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:10

# 2 0.149Subject Sample 01:11

2.339Breath Volume 01:11

0.000Air Blank 01:11

0.079Control Test 01:12

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:2910/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

18:57

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

DAIL,JULIE,A

WOODARD

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:14

0.081Control Test 20:14

0.000Air Blank 20:15

# 1 0.179Subject Sample 20:15

1.773Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.168Subject Sample 20:18

1.695Breath Volume 20:18

0.000Air Blank 20:19

0.080Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:1110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:32

Hillsborough Co SO

KLENOFSKY,A

08/05/2022

18220080A2

Hillsborough Co SO

DAIL,JULIE,A

RING

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:46

0.000Air Blank 23:47

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.137Subject Sample 23:49

2.347Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:51

# 2 0.138Subject Sample 23:52

2.710Breath Volume 23:52

0.000Air Blank 23:53

0.081Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:58:5010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:26

05:55

Hillsborough Co SO

FISHER,T

08/05/2022

18220080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

ODUNFA-JONES

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:46

0.000Air Blank 06:47

0.080Control Test 06:47

0.000Air Blank 06:47

# 1 0.112Subject Sample 06:51 Volume Not Met

0.832Breath Volume 06:51

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.127Subject Sample 06:54

2.062Breath Volume 06:54

0.000Air Blank 06:54

0.000Air Blank 06:56

# 3 0.125Subject Sample 06:57

1.789Breath Volume 06:57

0.000Air Blank 06:57

0.079Control Test 06:58

0.000Air Blank 06:58

OKDiagnostics Check 06:58

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2910/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:40

Hillsborough Co SO

HALL,L

08/05/2022

18220080A2

Hillsborough Co SO

DAIL,JULIE,A

CASTELLANO

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:14

0.000Air Blank 01:14

0.081Control Test 01:15

0.000Air Blank 01:15

# 1 0.000Subject Sample 01:16

1.207Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.000Subject Sample 01:19

1.902Breath Volume 01:19

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

23:30

Hillsborough Co SO

BLANCHARD,J

08/05/2022

18220080A2

Tampa PD

DAIL,JULIE,A

MYER

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:25

# 1Subject Sample 00:28 No Sample Provided

0.000Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2Subject Sample 00:33 Subject Test Refused

0.000Breath Volume 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 10/20/2020 10:03

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003388CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3410/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

02:53

Hillsborough Co SO

BARLAUG,G

08/05/2022

18220080A2

Tampa PD

DISMORE,NANCY,J

KLEMICK

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.081Control Test 03:46

0.000Air Blank 03:46

# 1 0.174Subject Sample 03:47

2.582Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.175Subject Sample 03:51

2.425Breath Volume 03:51

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 10/20/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:4010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

20:17

FHP Troop A

SISK,CARLOS

05/14/2023

1327124

FHP Troop A

SISK,CARLOS,M

ROSALES GUIDO

10/15/2020

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

# 1Subject Sample 23:10 Subject Test Refused

0.000Breath Volume 23:10

0.000Air Blank 23:10

0.080Control Test 23:11

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 11/09/2020 14:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003405CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:0010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

20:17

FHP Troop A

SISK,CARLOS

05/14/2023

1327124

FHP Troop A

SISK,CARLOS,M

ROSALES GUIDO

10/15/2020

8100.27

FHP TROOP K

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1 0.279Subject Sample 23:20

3.042Breath Volume 23:20

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.280Subject Sample 23:23

2.187Breath Volume 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:24

OKDiagnostics Check 23:25

Data Download Date/Time: 11/09/2020 14:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:26:5510/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:36

FHP Troop E

ROMERO,OMAR

03/27/2022

1114319

FHP Troop E

ROMERO,OMAR,E

MAYORGA-MADRID

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:18

0.000Air Blank 19:18

0.082Control Test 19:18

0.000Air Blank 19:19

# 1 0.218Subject Sample 19:20

1.433Breath Volume 19:20

0.000Air Blank 19:21

0.000Air Blank 19:23

# 2 0.221Subject Sample 19:25

3.222Breath Volume 19:25

0.000Air Blank 19:25

0.080Control Test 19:26

0.000Air Blank 19:26

OKDiagnostics Check 19:26

Data Download Date/Time: 10/31/2020 12:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:5710/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

18:53

FHP Troop E

JUDAH,DAVID

03/27/2022

1114319

FHP Troop E

JUDAH,DAVID,B

MONTALVO

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.081Control Test 19:52

0.000Air Blank 19:52

# 1 0.060Subject Sample 19:55

1.207Breath Volume 19:55

0.000Air Blank 19:56

0.000Air Blank 19:57

# 2 0.063Subject Sample 19:58

1.707Breath Volume 19:58

0.000Air Blank 19:59

0.080Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 10/31/2020 12:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:1410/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:30

FHP Troop E

MELENDEZ-BONILLA,RONALD

03/27/2022

1114319

FHP Troop E

MELENDEZ-BONILLA,RONALD,

CARO REY

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:44

0.000Air Blank 18:45

0.081Control Test 18:45

0.000Air Blank 18:45

# 1 0.204Subject Sample 18:46

1.417Breath Volume 18:46

0.000Air Blank 18:47

0.000Air Blank 18:48

# 2 0.228Subject Sample 18:49

1.539Breath Volume 18:49

0.000Air Blank 18:49

0.000Air Blank 18:51

# 3 0.225Subject Sample 18:52

2.421Breath Volume 18:52

0.000Air Blank 18:53

0.081Control Test 18:53

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 10/31/2020 12:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:58:0310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

02:11

FHP Troop E

GUTIERREZ,ENRIQUE

03/27/2022

1114319

FHP Troop E

GUTIERREZ,ENRIQUE,F

TORRES ALONSO

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

# 1 0.110Subject Sample 02:52

2.097Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.108Subject Sample 02:56

2.269Breath Volume 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:58

Data Download Date/Time: 10/31/2020 12:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:4710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:38

FHP Troop E

PREVIL,LUXERNE

03/27/2022

1114319

FHP Troop E

PREVIL,LUXERNE,

MARCHENA

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:06

0.000Air Blank 21:07

0.081Control Test 21:07

0.000Air Blank 21:08

# 1Subject Sample 21:08 Subject Test Refused

0.000Breath Volume 21:08

0.000Air Blank 21:08

0.081Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 10/31/2020 12:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:32:3410/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

15:30

FHP Troop E

JUDAH,DAVID

03/27/2022

1114319

FHP Troop E

JUDAH,DAVID,B

CARDONA

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:25

0.000Air Blank 16:26

0.081Control Test 16:26

0.000Air Blank 16:27

# 1 0.176Subject Sample 16:27

2.644Breath Volume 16:27

0.000Air Blank 16:28

0.000Air Blank 16:30

# 2 0.160Subject Sample 16:31

1.882Breath Volume 16:31

0.000Air Blank 16:31

0.081Control Test 16:31

0.000Air Blank 16:32

OKDiagnostics Check 16:32

Data Download Date/Time: 10/31/2020 12:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:5410/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:03

20:39

FHP Troop E

GUTIERREZ,ENRIQUE

03/27/2022

1114319

FHP Troop E

GUTIERREZ,ENRIQUE,F

GOMEZ

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:25

0.081Control Test 21:26

0.000Air Blank 21:26

# 1 0.158Subject Sample 21:29

2.093Breath Volume 21:29

0.000Air Blank 21:29

0.000Air Blank 21:31

# 2 0.160Subject Sample 21:33

3.285Breath Volume 21:33

0.000Air Blank 21:33

0.080Control Test 21:34

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 10/31/2020 12:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003408CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:1110/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:18

FHP Troop E

JUDAH,DAVID

03/27/2022

1114319

FHP Troop E

JUDAH,DAVID,B

TISDALE

09/30/2020

8100.27

FHP TROOP E MIAMI

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

# 1Subject Sample 03:23 Subject Test Refused

0.015Breath Volume 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 10/31/2020 12:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:26:5910/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

23:10

Osceola County SO

WHOBREY,SPENCER

08/28/2022

190923

Osceola County SO

WHOBREY,SPENCER,E

TERRELL

09/01/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:21

0.080Control Test 23:21

0.000Air Blank 23:22

# 1 0.000Subject Sample 23:22

3.042Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:25

# 2 0.000Subject Sample 23:25

3.542Breath Volume 23:25

0.000Air Blank 23:26

0.081Control Test 23:26

0.000Air Blank 23:26

OKDiagnostics Check 23:26

Data Download Date/Time: 10/20/2020 12:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003935CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:4410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

02:11

Osceola County SO

WHOBREY,SPENCER

08/28/2022

190923

Osceola County SO

WHOBREY,SPENCER,E

LORENZANO-MARTINEZ

09/01/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:35

0.080Control Test 02:36

0.000Air Blank 02:36

# 1 0.102Subject Sample 02:37

3.074Breath Volume 02:37

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.103Subject Sample 02:40

2.910Breath Volume 02:40

0.000Air Blank 02:40

0.080Control Test 02:41

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 10/20/2020 12:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:51

Osceola County SO

SAYERS,MICHELLE

08/28/2022

1190213

Osceola County SO

SAYERS,MICHELLE,H

DELEON-CABRERA

09/01/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.209Subject Sample 01:11

1.457Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.201Subject Sample 01:14

2.386Breath Volume 01:14

0.000Air Blank 01:14

0.078Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 10/20/2020 12:13

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:4810/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

04:00

Osceola County SO

SAYERS,MICHELLE

08/28/2022

1190213

Osceola County SO

SAYERS,MICHELLE,H

SANCHEZ

10/20/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:06

0.000Air Blank 04:07

0.079Control Test 04:07

0.000Air Blank 04:08

# 1 0.000Subject Sample 04:08

1.785Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 2 0.000Subject Sample 04:11

1.753Breath Volume 04:11

0.000Air Blank 04:11

0.079Control Test 04:12

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 11/23/2020 11:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003937CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2310/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

22:03

Osceola County SO

SAYERS,MICHELLE

08/28/2022

1190213

Osceola County SO

SAYERS,MICHELLE,H

RANDOLPH

10/20/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1 0.050Subject Sample 22:30

2.980Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.046Subject Sample 22:33

1.996Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 11/23/2020 11:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:13:1110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:50

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

GOOD

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:12

Air Blank 19:12 RFI Detect

0.000Air Blank 19:13

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:5210/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:16

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

GOOD

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:15

0.000Air Blank 19:16

0.081Control Test 19:16

0.000Air Blank 19:16

# 1 0.000Subject Sample 19:17

1.816Breath Volume 19:17

0.000Air Blank 19:17

0.000Air Blank 19:19

# 2 0.000Subject Sample 19:20

2.214Breath Volume 19:20

0.000Air Blank 19:20

0.080Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:1310/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:17

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

KINCADE

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:09

0.000Air Blank 22:09

0.081Control Test 22:09

0.000Air Blank 22:10

# 1 0.238Subject Sample 22:10

1.355Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:13

# 2 0.232Subject Sample 22:13

1.285Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:15

OKDiagnostics Check 22:15

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:2110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:08

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lake Wales PD

MULDERRIG,SEAN,F

SHELTON

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

# 1 0.127Subject Sample 02:46

2.839Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:48

# 2 0.121Subject Sample 02:49

2.136Breath Volume 02:49

Air Blank 02:49 RFI Detect

0.000Air Blank 02:50

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:1810/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:08

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

SHELTON

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

# 1 0.123Subject Sample 02:55

1.546Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.122Subject Sample 02:58

1.601Breath Volume 02:58

0.000Air Blank 02:59

0.081Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-003945CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:38:1310/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:11

10:10

Lakeland PD

ALMEIDEA,CAMILO

08/05/2021

17919080A1

Lakeland PD

QUACKENBUSH,BRET,C

HAWTHORNE

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:31

0.000Air Blank 11:31

0.081Control Test 11:32

0.000Air Blank 11:32

# 1 0.343Subject Sample 11:33

2.636Breath Volume 11:33

0.000Air Blank 11:34

0.000Air Blank 11:35

# 2 0.352Subject Sample 11:36

2.613Breath Volume 11:36

0.000Air Blank 11:37

0.080Control Test 11:37

0.000Air Blank 11:38

OKDiagnostics Check 11:38

Data Download Date/Time: 10/28/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1210/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

04:09

Osceola County SO

CRAWFORD,DAVID

08/28/2022

1190213

Osceola County SO

CRAWFORD,DAVID,T

BOSQUE

09/01/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:18

# 1 0.196Subject Sample 04:20

2.449Breath Volume 04:20

0.000Air Blank 04:21

0.000Air Blank 04:23

# 2 0.194Subject Sample 04:23

1.816Breath Volume 04:23

0.000Air Blank 04:24

0.077Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/20/2020 12:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:2110/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:15

19:15

Osceola County SO

CRAWFORD,DAVID

08/28/2022

1190213

Osceola County SO

CRAWFORD,DAVID,T

JOHNSON

09/01/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:35

0.000Air Blank 19:36

0.079Control Test 19:36

0.000Air Blank 19:37

# 1 0.171Subject Sample 19:37

1.816Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 2 0.167Subject Sample 19:40

1.402Breath Volume 19:40

0.000Air Blank 19:41

0.078Control Test 19:41

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 10/20/2020 12:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:4910/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:13

Osceola County SO

FERNANDEZ,JONATHAN

08/28/2022

1190213

Kissimmee PD

CRAWFORD,DAVID,T

HERNANDEZ ORTEZ

10/20/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:23

# 1Subject Sample 03:25 RFI Detect

0.316Breath Volume 03:25

0.000Air Blank 03:25

0.080Control Test 03:26

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 11/23/2020 11:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:2310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:13

Osceola County SO

FERNANDEZ,JONATHAN

08/28/2022

1190213

Kissimmee PD

CRAWFORD,DAVID,T

HERNANDEZ ORTEZ

10/20/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.078Control Test 03:29

0.000Air Blank 03:29

# 1 0.210Subject Sample 03:32 Volume Not Met

0.035Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2Subject Sample 03:37 RFI Detect

0.210Breath Volume 03:37

0.000Air Blank 03:38

0.077Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 11/23/2020 11:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-004587CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:49:3710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

03:13

Osceola County SO

FERNANDEZ,JONATHAN

08/28/2022

1190213

Kissimmee PD

CRAWFORD,DAVID,T

HERNANDEZ ORTEZ

10/20/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.076Control Test 03:42

0.000Air Blank 03:43

# 1 0.196Subject Sample 03:43

2.066Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.192Subject Sample 03:48

2.089Breath Volume 03:48

0.000Air Blank 03:48

0.079Control Test 03:48

0.000Air Blank 03:49

OKDiagnostics Check 03:49

Data Download Date/Time: 11/23/2020 11:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:20:4210/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:53

06:22

Okaloosa County SO

CRAIG,ANYCE

07/25/2021

989917

Okaloosa County SO

CARROLL,SHELBY,K

POLCHA

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:14

0.000Air Blank 07:14

0.081Control Test 07:14

0.000Air Blank 07:15

# 1 0.201Subject Sample 07:15

1.371Breath Volume 07:15

0.000Air Blank 07:16

0.000Air Blank 07:18

# 2 0.193Subject Sample 07:19

1.800Breath Volume 07:19

0.000Air Blank 07:19

0.080Control Test 07:20

0.000Air Blank 07:20

OKDiagnostics Check 07:20

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:31:4810/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:53

06:28

Okaloosa County SO

CARROLL,SHELBY

07/25/2021

989917

Okaloosa County SO

CARROLL,SHELBY,K

NELSON

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:29

0.000Air Blank 07:29

0.079Control Test 07:29

0.000Air Blank 07:30

# 1Subject Sample 07:30 Subject Test Refused

0.000Breath Volume 07:30

0.000Air Blank 07:30

0.080Control Test 07:31

0.000Air Blank 07:31

OKDiagnostics Check 07:31

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:42:1110/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:55

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

SMALL,BRANNON,A

CASTER

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.080Control Test 18:34

0.000Air Blank 18:35

# 1 0.258Subject Sample 18:37

2.000Breath Volume 18:37

0.000Air Blank 18:38

0.000Air Blank 18:39

# 2 0.253Subject Sample 18:40

1.414Breath Volume 18:40

0.000Air Blank 18:41

0.076Control Test 18:41

0.000Air Blank 18:42

OKDiagnostics Check 18:42

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:0110/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:36

19:07

Okaloosa County SO

BEHRENS,KEEGAN

07/25/2021

989917

Okaloosa County SO

ARRINGTON,IAN,M

ALEJOS

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:56

0.000Air Blank 19:57

0.081Control Test 19:57

0.000Air Blank 19:58

# 1 0.115Subject Sample 20:01 Volume Not Met

0.781Breath Volume 20:01

0.000Air Blank 20:02

0.000Air Blank 20:03

# 2 0.114Subject Sample 20:04

2.679Breath Volume 20:04

0.000Air Blank 20:05

0.000Air Blank 20:07

# 3 0.115Subject Sample 20:08

2.121Breath Volume 20:08

0.000Air Blank 20:09

0.080Control Test 20:09

0.000Air Blank 20:09

OKDiagnostics Check 20:10

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:5310/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:01

Okaloosa County SO

ARRINGTON,IAN

07/25/2021

989917

Okaloosa County SO

ARRINGTON,IAN,M

GOSS

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:49

# 1 0.087Subject Sample 03:49

1.585Breath Volume 03:49

0.000Air Blank 03:50

0.000Air Blank 03:52

# 2 0.081Subject Sample 03:53

1.996Breath Volume 03:53

0.000Air Blank 03:53

0.081Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2910/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:46

Okaloosa County SO

JOINER,TAYLOR

07/25/2021

989917

Okaloosa County SO

LYBRAND,CHRISTOPHER,J

CRUZ-RODRIGUEZ

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:52

0.081Control Test 04:53

0.000Air Blank 04:53

# 1 0.212Subject Sample 04:54

1.792Breath Volume 04:54

0.000Air Blank 04:54

0.000Air Blank 04:56

# 2 0.206Subject Sample 04:56

1.390Breath Volume 04:56

0.000Air Blank 04:57

0.081Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:35:1110/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:11

04:50

Okaloosa County SO

SIMPKINS,BRANDON

07/25/2021

989917

Okaloosa County SO

RAGUSA,NICHOLE,R

TRAN

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:32

0.000Air Blank 06:32

0.081Control Test 06:32

0.000Air Blank 06:33

# 1Subject Sample 06:33 Subject Test Refused

0.000Breath Volume 06:33

0.000Air Blank 06:34

0.081Control Test 06:34

0.000Air Blank 06:35

OKDiagnostics Check 06:35

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:5210/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:13

Okaloosa County SO

ARRINGTON,IAN

07/25/2021

989917

Okaloosa County SO

ARRINGTON,IAN,M

SMOOT

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.081Control Test 03:05

0.000Air Blank 03:05

# 1Subject Sample 03:06 Subject Test Refused

0.000Breath Volume 03:06

0.000Air Blank 03:06

0.081Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:53:0610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:26

02:47

Okaloosa County SO

WARF,KYLE

07/25/2021

989917

Okaloosa County SO

SWAIN,ERIC,G

WILKINSON

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.081Control Test 03:47

0.000Air Blank 03:47

# 1 0.000Subject Sample 03:48

1.878Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.000Subject Sample 03:51

3.101Breath Volume 03:51

0.000Air Blank 03:52

0.079Control Test 03:52

0.000Air Blank 03:53

OKDiagnostics Check 03:53

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:4910/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

12:34

Okaloosa County SO

JOINER,TAYLOR

07/25/2021

989917

Okaloosa County SO

LYBRAND,CHRISTOPHER,J

GILLESPIE

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:27

# 1Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0110/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

03:23

Okaloosa County SO

CHAPIN,NATHAN

07/25/2021

989917

Ft. Walton Beach PD

ARRINGTON,IAN,M

HERNANDEZ

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.165Subject Sample 04:19

1.406Breath Volume 04:19

0.000Air Blank 04:20

0.000Air Blank 04:21

# 2 0.165Subject Sample 04:22

2.468Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:24

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:4610/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:12

Okaloosa County SO

SWENSON,BRIAN

07/25/2021

989917

Ft. Walton Beach PD

SMALL,BRANNON,A

SCHMIDT

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

# 1Subject Sample 01:22 No Sample Provided

0.000Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2Subject Sample 01:25 Subject Test Refused

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:2410/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

16:50

Okaloosa County SO

VASQUEZ,GEORGE

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

CHE

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:44

0.080Control Test 17:45

0.000Air Blank 17:45

# 1Subject Sample 17:46 Subject Test Refused

0.000Breath Volume 17:46

0.000Air Blank 17:46

0.081Control Test 17:46

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:18:5010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

16:50

Okaloosa County SO

VASQUEZ,GEORGE

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

CHE AKE

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:15

0.080Control Test 18:16

0.000Air Blank 18:16

# 1Subject Sample 18:17 Subject Test Refused

0.000Breath Volume 18:17

0.000Air Blank 18:17

0.080Control Test 18:18

0.000Air Blank 18:18

OKDiagnostics Check 18:18

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:3010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

04:56

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

SMALL,BRANNON,A

PEREZ MERIDA

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.080Control Test 05:45

0.000Air Blank 05:46

# 1 0.209Subject Sample 05:46

3.265Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.203Subject Sample 05:49

1.960Breath Volume 05:49

0.000Air Blank 05:50

0.080Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4510/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

22:04

Okaloosa County SO

SHELDON,ERIC

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

VARGAS SANCHEZ

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

# 1Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:41

0.080Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2210/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:23

Okaloosa County SO

MAURICIO,CHRISTOPHER

07/25/2021

989917

Okaloosa County SO

MAURICIO,CHRISTOPHER,J

MILLER

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:52

0.000Air Blank 23:52

# 1Subject Sample 23:53 Subject Test Refused

0.000Breath Volume 23:53

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3410/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:04

02:35

Okaloosa County SO

JOINER,TAYLOR

07/25/2021

989917

Okaloosa County SO

LYBRAND,CHRISTOPHER,J

POE

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:24

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

# 1 0.210Subject Sample 03:29 Volume Not Met

0.121Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.254Subject Sample 03:32

1.574Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 3 0.177Subject Sample 03:38 Volume Not Met

0.207Breath Volume 03:38

0.000Air Blank 03:39

0.075Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 10/21/2020 16:54

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

23:00

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

MILTON NAHUN

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.080Control Test 23:36

0.000Air Blank 23:36

# 1 0.215Subject Sample 23:37

3.617Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.209Subject Sample 23:40

2.628Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:5210/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:22

Okaloosa County SO

WATTS,MICHAEL

07/25/2021

989917

Okaloosa County SO

WATTS,MICHAEL,T

WILSON

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:03

0.000Air Blank 00:03

# 1Subject Sample 00:06 No Sample Provided

0.000Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2Subject Sample 00:12 No Sample Provided

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:5110/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:14

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

THOMPSON

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

# 1 0.120Subject Sample 03:25

1.750Breath Volume 03:25

0.000Air Blank 03:25

0.000Air Blank 03:27

# 2 0.134Subject Sample 03:28

2.464Breath Volume 03:28

0.000Air Blank 03:28

0.080Control Test 03:29

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5310/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:32

Okaloosa County SO

FEENEY,ERIC

07/25/2021

989917

Okaloosa County SO

FEENEY,ERIC,K

ALAS

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:28

# 1 0.203Subject Sample 03:29

3.363Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.202Subject Sample 03:32

1.500Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:2910/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:52

FHP Troop A

PALMATEER,TRACY

07/25/2021

989917

FHP Troop A

PALMATEER,TRACY,D

ROGERS

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.081Control Test 04:38

0.000Air Blank 04:38

# 1 0.175Subject Sample 04:39

1.417Breath Volume 04:39

0.000Air Blank 04:39

0.000Air Blank 04:41

# 2 0.166Subject Sample 04:41

1.359Breath Volume 04:41

0.000Air Blank 04:42

0.081Control Test 04:42

0.000Air Blank 04:43

OKDiagnostics Check 04:43

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:5810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:12

Ft. Walton Beach PD

CHAPIN,NATHAN

07/25/2021

989917

Ft. Walton Beach PD

WOHLIN,MARK,T

HAYNES

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.082Control Test 01:15

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:10:2710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:50

Okaloosa County SO

LIEB,JOHN

07/25/2021

989917

Okaloosa County SO

FEENEY,ERIC,K

NAUGHER

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

# 1 0.178Subject Sample 03:05

2.621Breath Volume 03:05

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.173Subject Sample 03:08

3.898Breath Volume 03:08

0.000Air Blank 03:09

0.080Control Test 03:09

0.000Air Blank 03:10

OKDiagnostics Check 03:10

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:2810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:10

Okaloosa County SO

SIMPKINS,BRANDON

07/25/2021

989917

Okaloosa County SO

FEENEY,ERIC,K

SIMS

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:18

# 1Subject Sample 03:19 Subject Test Refused

0.000Breath Volume 03:19

0.000Air Blank 03:19

0.080Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0310/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:02

Okaloosa County SO

SHELDON,ERIC

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

WRIGHT

09/15/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

# 1Subject Sample 02:38 Subject Test Refused

0.000Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:40

Data Download Date/Time: 10/21/2020 16:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:3110/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:05

Okaloosa County SO

FEENEY,ERIC

07/25/2021

989917

Okaloosa County SO

FEENEY,ERIC,K

CATELLIER

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.080Control Test 20:16

0.000Air Blank 20:16

# 1 0.288Subject Sample 20:16

1.179Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:19

# 2 0.290Subject Sample 20:19

2.023Breath Volume 20:19

0.000Air Blank 20:20

0.079Control Test 20:20

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:0810/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:25

23:05

Okaloosa County SO

WALKER,LANDON

07/25/2021

989917

Okaloosa County SO

WALKER,LANDON,L

SCHREIBER

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:51

0.080Control Test 23:51

0.000Air Blank 23:52

# 1 0.201Subject Sample 23:52

2.871Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.206Subject Sample 23:55

2.128Breath Volume 23:55

0.000Air Blank 23:56

0.079Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:0210/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

12:39

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

MARSHALL,ALEXANDRIA,R

ANDRADE

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:24

# 1 0.148Subject Sample 01:27 Volume Not Met

0.101Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.149Subject Sample 01:32

1.531Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:34

# 3 0.146Subject Sample 01:37

1.363Breath Volume 01:37

0.000Air Blank 01:38

0.075Control Test 01:38

0.000Air Blank 01:38

OKDiagnostics Check 01:39

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:07:2010/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:16

Okaloosa County SO

LICHTY,JAKE

07/25/2021

989917

Okaloosa County SO

CARROLL,SHELBY,K

FEW

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:59

0.000Air Blank 05:59

0.080Control Test 05:59

0.000Air Blank 06:00

# 1 0.105Subject Sample 06:02

2.035Breath Volume 06:02

0.000Air Blank 06:02

0.000Air Blank 06:04

# 2 0.097Subject Sample 06:05

2.453Breath Volume 06:05

0.000Air Blank 06:06

0.079Control Test 06:06

0.000Air Blank 06:07

OKDiagnostics Check 06:07

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:40:2410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:07

06:17

Okaloosa County SO

VASQUEZ,GEORGE

07/25/2021

989917

Okaloosa County SO

CARROLL,SHELBY,K

NARCISSE

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:27

0.000Air Blank 07:27

0.080Control Test 07:27

0.000Air Blank 07:28

# 1 0.102Subject Sample 07:31 Volume Not Met

0.187Breath Volume 07:31

0.000Air Blank 07:32

0.000Air Blank 07:34

# 2 0.092Subject Sample 07:35

2.082Breath Volume 07:35

0.000Air Blank 07:36

0.000Air Blank 07:38

# 3 0.095Subject Sample 07:38

2.007Breath Volume 07:38

0.000Air Blank 07:39

0.078Control Test 07:39

0.000Air Blank 07:40

OKDiagnostics Check 07:40

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:24:2310/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:55

07:51

Okaloosa County SO

WILDE,MATTHEW

07/25/2021

989917

Okaloosa County SO

WILDE,MATTHEW,B

DAVIS

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:17

0.000Air Blank 09:18

0.081Control Test 09:18

0.000Air Blank 09:18

# 1 0.000Subject Sample 09:19

2.929Breath Volume 09:19

0.000Air Blank 09:19

0.000Air Blank 09:22

# 2 0.000Subject Sample 09:23

2.816Breath Volume 09:23

0.000Air Blank 09:23

0.081Control Test 09:23

0.000Air Blank 09:24

OKDiagnostics Check 09:24

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:2910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:44

Okaloosa County SO

MCFALL,BRAD

07/25/2021

989917

Okaloosa County SO

MARSHALL,ALEXANDRIA,R

POWELL

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:26

0.000Air Blank 00:26

# 1 0.179Subject Sample 00:29

1.238Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.183Subject Sample 00:32

2.406Breath Volume 00:32

0.000Air Blank 00:33

0.075Control Test 00:33

0.000Air Blank 00:34

OKDiagnostics Check 00:34

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:4910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:16

Okaloosa County SO

SHELDON,ERIC

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

RATCLIFF

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.136Subject Sample 04:12

2.492Breath Volume 04:12

0.000Air Blank 04:12

0.000Air Blank 04:14

# 2 0.134Subject Sample 04:15

1.289Breath Volume 04:15

0.000Air Blank 04:15

0.080Control Test 04:16

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:0810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:11

06:25

Okaloosa County SO

DREW,MAREIKE

07/25/2021

989917

Okaloosa County SO

DREW,MAREIKE,M

ALSTON

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 07:33

0.000Air Blank 07:34

0.080Control Test 07:34

0.000Air Blank 07:35

# 1 0.140Subject Sample 07:36

2.042Breath Volume 07:36

0.000Air Blank 07:36

0.000Air Blank 07:38

# 2 0.144Subject Sample 07:39

2.933Breath Volume 07:39

0.000Air Blank 07:40

0.079Control Test 07:40

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0410/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:15

Okaloosa County SO

SHELDON,ERIC

07/25/2021

989917

Okaloosa County SO

SHELDON,ERIC,L

HERNANDEZ ESTRADA

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

# 1 0.093Subject Sample 00:06

1.449Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.091Subject Sample 00:09

1.609Breath Volume 00:09

0.000Air Blank 00:10

0.080Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:1510/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:06

Okaloosa County SO

LIEB,JOHN

07/25/2021

989917

Okaloosa County SO

WALKER,LANDON,L

THIGPEN

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

# 1Subject Sample 00:34 Subject Test Refused

0.000Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:3410/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:08

Ft. Walton Beach PD

WILSON,MICHAEL

07/25/2021

989917

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

DOTY GRIMES

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

# 1Subject Sample 23:56 Subject Test Refused

0.000Breath Volume 23:56

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:4710/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

01:46

Okaloosa County SO

VASQUEZ,GEORGE

07/25/2021

989917

Okaloosa County SO

WALKER,LANDON,L

MYERS

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:43

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:5810/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:08

Okaloosa County SO

ARRINGTON,IAN

07/25/2021

989917

Okaloosa County SO

ARRINGTON,IAN,M

DIAZ ROMERO

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:14

0.000Air Blank 06:15

0.080Control Test 06:15

0.000Air Blank 06:16

# 1Subject Sample 06:16 Subject Test Refused

0.000Breath Volume 06:16

0.000Air Blank 06:17

0.081Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005057CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:3010/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

20:50

Okaloosa County SO

LYBRAND,CHRISTOPHER

07/25/2021

989917

Okaloosa County SO

LYBRAND,CHRISTOPHER,J

MIRANDA

10/21/2020

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.080Control Test 22:08

0.000Air Blank 22:08

# 1Subject Sample 22:09 Subject Test Refused

0.000Breath Volume 22:09

0.000Air Blank 22:09

0.080Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 11/26/2020 09:11

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005058CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:03:5410/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:35

13:26

Crestview PD

HARDAWAY,BRANDON

12/13/2022

1249794

Crestview PD

HARDAWAY,BRANDON,R

GRANDSTAFF

10/29/2020

8100.27

CRESTVIEW PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:01

0.000Air Blank 14:01

0.081Control Test 14:01

0.000Air Blank 14:02

# 1Subject Sample 14:02 Subject Test Refused

0.000Breath Volume 14:02

0.000Air Blank 14:03

0.081Control Test 14:03

0.000Air Blank 14:03

OKDiagnostics Check 14:03

Data Download Date/Time: 10/30/2020 12:10

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:4110/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:24

19:38

Sarasota County SO

MARTIN,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

KALTSAS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:45

0.000Air Blank 19:46

0.078Control Test 19:46

0.000Air Blank 19:46

# 1 0.000Subject Sample 19:47

2.695Breath Volume 19:47

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.000Subject Sample 19:50

1.800Breath Volume 19:50

0.000Air Blank 19:50

0.078Control Test 19:51

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:3910/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:55

Sarasota County SO

MARTIN,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

VINCENT

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:07

0.000Air Blank 03:07

0.079Control Test 03:08

0.000Air Blank 03:08

# 1 0.193Subject Sample 03:09

1.886Breath Volume 03:09

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.191Subject Sample 03:12

1.703Breath Volume 03:12

0.000Air Blank 03:12

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

02:25

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

DAVIS

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:38

0.078Control Test 02:38

0.000Air Blank 02:39

# 1 0.212Subject Sample 02:41

2.039Breath Volume 02:41

0.000Air Blank 02:42

0.000Air Blank 02:44

# 2 0.206Subject Sample 02:44

1.667Breath Volume 02:44

0.000Air Blank 02:45

0.076Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:37:1110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:11

18:17

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

BALDWIN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:31

0.000Air Blank 18:31

0.077Control Test 18:32

0.000Air Blank 18:32

# 1 0.234Subject Sample 18:32

2.203Breath Volume 18:32

0.000Air Blank 18:33

0.000Air Blank 18:35

# 2 0.232Subject Sample 18:35

1.871Breath Volume 18:35

0.000Air Blank 18:36

0.078Control Test 18:36

0.000Air Blank 18:37

OKDiagnostics Check 18:37

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

22:29

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

MCLAUGHLIN

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.078Control Test 22:35

0.000Air Blank 22:36

# 1 0.210Subject Sample 22:36

2.078Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:38

# 2 0.203Subject Sample 22:39

2.085Breath Volume 22:39

0.000Air Blank 22:40

0.076Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:41

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:1510/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

20:23

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

TORRES,SAMANTHA,R

TORRES

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:29

0.000Air Blank 20:29

0.078Control Test 20:29

0.000Air Blank 20:30

# 1 0.156Subject Sample 20:30

2.460Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.151Subject Sample 20:33

2.441Breath Volume 20:33

0.000Air Blank 20:34

0.077Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005076CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4610/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:34

Sarasota County SO

MARTIN,DEP

07/05/2022

14020080A1

Sarasota County SO

N,DEPUTY,T

DOHERTY

09/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

# 1Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:54

0.078Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 10/30/2020 10:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2610/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:15

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

JOHNSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.081Control Test 04:12

0.000Air Blank 04:13

# 1 0.143Subject Sample 04:14

3.847Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.144Subject Sample 04:17

3.761Breath Volume 04:17

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 10/20/2020 09:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:4510/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:46

Hillsborough Co SO

VISSER,A

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

LEYVA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.080Control Test 01:40

0.000Air Blank 01:40

# 1 0.078Subject Sample 01:41

2.871Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.079Subject Sample 01:44

3.546Breath Volume 01:44

0.000Air Blank 01:44

0.080Control Test 01:45

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 10/20/2020 09:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:1310/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:41

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

WASHINGTON,DESMAND,M

RAMIREZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1 0.084Subject Sample 01:57

1.703Breath Volume 01:57

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.081Subject Sample 02:00

1.246Breath Volume 02:00

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 10/20/2020 09:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1110/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:31

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

JONES,D,C

RODRIGUEZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.081Control Test 02:26

0.000Air Blank 02:27

# 1 0.107Subject Sample 02:27

1.996Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.110Subject Sample 02:30

2.097Breath Volume 02:30

0.000Air Blank 02:31

0.080Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 10/20/2020 09:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1410/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:25

Hillsborough Co SO

VISSER,A

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

LEE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.000Subject Sample 03:29

1.636Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.000Subject Sample 03:32

1.675Breath Volume 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:16:0210/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:49

22:14

Hillsborough Co SO

DELORENZO,D

10/05/2021

22419080A2

Temple Terrace PD

DAIL,JULIE,A

SHROUF

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.080Control Test 23:10

0.000Air Blank 23:10

# 1 0.000Subject Sample 23:11

4.304Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:14

# 2 0.000Subject Sample 23:14

2.320Breath Volume 23:14

0.000Air Blank 23:15

0.081Control Test 23:15

0.000Air Blank 23:15

OKDiagnostics Check 23:16

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:1710/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:09

Hillsborough Co SO

ANDREWS,S

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

HERNANDEZ DELOS SANT

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:24

0.080Control Test 03:24

0.000Air Blank 03:24

# 1 0.241Subject Sample 03:25

2.019Breath Volume 03:25

0.000Air Blank 03:26

0.000Air Blank 03:28

# 2 0.247Subject Sample 03:30

2.640Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:2010/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:28

Hillsborough Co SO

LYON,M

10/05/2021

22419080A2

Tampa PD

DAIL,JULIE,A

FASSETT

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:28

0.080Control Test 04:29

0.000Air Blank 04:29

# 1 0.150Subject Sample 04:30

2.519Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.150Subject Sample 04:33

2.167Breath Volume 04:33

0.000Air Blank 04:34

0.080Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:3310/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:48

Hillsborough Co SO

GARNER,W

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

HORNEDO AVILES

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

# 1 0.169Subject Sample 01:43

1.332Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.177Subject Sample 01:46

1.406Breath Volume 01:46

0.000Air Blank 01:46

0.080Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:19:1910/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

04:00

Hillsborough Co SO

VISSER,A

10/05/2021

22419080A2

Tampa PD

MASON,FRANCESCA,M

HENANDEZ

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

# 1Subject Sample 05:17 Subject Test Refused

0.000Breath Volume 05:17

0.000Air Blank 05:18

0.081Control Test 05:18

0.000Air Blank 05:19

OKDiagnostics Check 05:19

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:54:2110/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:27

19:13

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

OLOYEDE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:47

0.000Air Blank 19:48

0.081Control Test 19:48

0.000Air Blank 19:49

# 1 0.275Subject Sample 19:49

2.261Breath Volume 19:49

0.000Air Blank 19:50

0.000Air Blank 19:52

# 2 0.276Subject Sample 19:52

3.316Breath Volume 19:52

0.000Air Blank 19:53

0.080Control Test 19:53

0.000Air Blank 19:54

OKDiagnostics Check 19:54

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:1610/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:37

Hillsborough Co SO

THORNE,S

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

WHITE

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.081Control Test 21:35

0.000Air Blank 21:36

# 1 0.121Subject Sample 21:36

2.855Breath Volume 21:36

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.128Subject Sample 21:39

2.835Breath Volume 21:39

0.000Air Blank 21:40

0.081Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:5610/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:45

19:01

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

CALLAHAN

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.081Control Test 20:07

0.000Air Blank 20:07

# 1 0.230Subject Sample 20:08

3.503Breath Volume 20:08

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.231Subject Sample 20:11

3.933Breath Volume 20:11

0.000Air Blank 20:12

0.080Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 10/20/2020 09:32

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:42:4710/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:38

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

MARCOS TAGUJA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:36

0.080Control Test 04:37

0.000Air Blank 04:37

# 1 0.182Subject Sample 04:38

3.445Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.184Subject Sample 04:41

3.644Breath Volume 04:41

0.000Air Blank 04:41

0.092Control Test 04:42 Interferent Detect

0.000Air Blank 04:42

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:0810/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

03:38

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

MASON,FRANCESCA,M

MARCOS TAGUJA

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:49

0.000Air Blank 04:50

0.080Control Test 04:50

0.000Air Blank 04:51

# 1 0.166Subject Sample 04:51

3.757Breath Volume 04:51

0.000Air Blank 04:52

0.000Air Blank 04:53

# 2Subject Sample 04:54 Slope Not Met

2.152Breath Volume 04:54

0.000Air Blank 04:55

0.082Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:5310/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:02

00:20

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

COCKSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.081Control Test 01:23

0.000Air Blank 01:23

# 1 0.178Subject Sample 01:24

3.859Breath Volume 01:24

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.187Subject Sample 01:27

3.972Breath Volume 01:27

0.000Air Blank 01:27

0.080Control Test 01:28

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:24

Hillsborough Co SO

RENDON,D

10/05/2021

22419080A2

Hillsborough Co SO

DAIL,JULIE,A

AVILA APARICIO

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1 0.121Subject Sample 02:02

2.621Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.130Subject Sample 02:05

2.851Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:0710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

02:09

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

WILSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

# 1 0.121Subject Sample 02:49

3.691Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:51

# 2 0.121Subject Sample 02:52

3.828Breath Volume 02:52

0.000Air Blank 02:53

0.081Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:09:1910/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:51

Hillsborough Co SO

DRISCOLL,B

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

UZQUIANO

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1 0.121Subject Sample 04:04

1.925Breath Volume 04:04

0.000Air Blank 04:05

0.000Air Blank 04:07

# 2 0.108Subject Sample 04:07

1.347Breath Volume 04:07

0.000Air Blank 04:08

0.081Control Test 04:08

0.000Air Blank 04:09

OKDiagnostics Check 04:09

Data Download Date/Time: 10/20/2020 09:33

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:41:4410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:30

Hillsborough Co SO

BLANCHARD,J

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

MANGAN

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:34

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

# 1 0.204Subject Sample 05:37

1.312Breath Volume 05:37

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.192Subject Sample 05:40

1.164Breath Volume 05:40

0.000Air Blank 05:40

0.080Control Test 05:41

0.000Air Blank 05:41

OKDiagnostics Check 05:41

Data Download Date/Time: 10/20/2020 09:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005113CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:3510/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:10

18:31

Hillsborough Co SO

COSTA,A

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

JOHNSON

09/02/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:30

0.000Air Blank 19:31

0.080Control Test 19:31

0.000Air Blank 19:32

# 1 0.273Subject Sample 19:33

1.320Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 2 0.288Subject Sample 19:36

3.468Breath Volume 19:36

0.000Air Blank 19:36

0.080Control Test 19:36

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 10/20/2020 09:34

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:2310/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

23:21

Pinellas County SO

BLAKE,LEVI

04/20/2022

AG011102

Pinellas County SO

BLAKE,LEVI,S

KALLI

10/14/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:40

0.000Air Blank 23:40

0.078Control Test 23:40

0.000Air Blank 23:41

# 1 0.273Subject Sample 23:41

2.714Breath Volume 23:41

0.000Air Blank 23:42

0.000Air Blank 23:44

# 2 0.282Subject Sample 23:44

3.406Breath Volume 23:44

0.000Air Blank 23:45

0.077Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 10/16/2020 19:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:11:0610/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

03:01

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

CEKLIC

10/14/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:04

0.000Air Blank 03:04

0.078Control Test 03:05

0.000Air Blank 03:05

# 1 0.019Subject Sample 03:06

1.953Breath Volume 03:06

0.000Air Blank 03:06

0.000Air Blank 03:08

# 2 0.018Subject Sample 03:09

1.730Breath Volume 03:09

0.000Air Blank 03:10

0.077Control Test 03:10

0.000Air Blank 03:10

OKDiagnostics Check 03:11

Data Download Date/Time: 10/16/2020 19:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:5210/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

23:51

Pinellas County SO

TEMPLE,ELIZABETH

04/20/2022

AG011102

Pinellas County SO

TEMPLE,ELIZABETH,R

MANIATAKOS

10/14/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.078Control Test 23:50

0.000Air Blank 23:51

# 1Subject Sample 23:51 Subject Test Refused

0.000Breath Volume 23:51

0.000Air Blank 23:51

0.077Control Test 23:52

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 11/05/2020 11:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:0410/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

00:08

Pinellas County SO

LANEY,DAMON

04/20/2022

AG011102

Pinellas County SO

KASELAK,STEPHEN,G

FAIRFIELD

10/14/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:18

0.000Air Blank 00:18

0.078Control Test 00:19

0.000Air Blank 00:19

# 1Subject Sample 00:19 Subject Test Refused

0.000Breath Volume 00:19

0.000Air Blank 00:20

0.078Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:21

Data Download Date/Time: 11/05/2020 11:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005337CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:24:2110/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:22

Perry PD

SMITH,MATTHEW

03/05/2021

00919080A2

Perry PD

SMITH,MATTHEW,M

FOURNIER

09/10/2020

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:17

0.000Air Blank 02:17

# 1 0.138Subject Sample 02:18

2.847Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.138Subject Sample 02:22

2.351Breath Volume 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:24

OKDiagnostics Check 02:24

Data Download Date/Time: 10/21/2020 12:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0710/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:46

Port Orange PD

GONZALEZ,D

08/13/2022

1185592

Daytona Beach PD

KURTZ,THEODORE,F

BURKARD

09/29/2020

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.081Control Test 22:53

0.000Air Blank 22:53

# 1 0.269Subject Sample 22:56

1.386Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.237Subject Sample 23:01 Volume Not Met

0.101Breath Volume 23:01

0.000Air Blank 23:02

0.000Air Blank 23:04

# 3 0.234Subject Sample 23:07 Volume Not Met

0.066Breath Volume 23:07

0.000Air Blank 23:08

0.077Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 10/12/2020 11:18

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005402CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:4110/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:32

Port Orange PD

SIZEMORE,A

08/13/2022

1185592

Daytona Beach PD

KURTZ,THEODORE,F

PORRAS

09/29/2020

8100.27

PORT ORANGE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.076Subject Sample 00:31 Volume Not Met

0.187Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.118Subject Sample 00:37 Volume Not Met

0.312Breath Volume 00:37

0.000Air Blank 00:37

0.078Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:38

Data Download Date/Time: 10/12/2020 11:18

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005454CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3410/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

02:20

Ocala PD

WRIGHT,D

09/05/2022

20520080A1

Ocala PD

WRIGHT,D,E

RUSSO

09/25/2020

8100.27

OCALA POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.197Subject Sample 02:32

3.968Breath Volume 02:32

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.190Subject Sample 02:34

1.769Breath Volume 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 12/07/2020 11:29

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4010/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:56

Lee County SO

HALL,CHRISTINE

05/05/2022

07220080A3

Lee County SO

HALL,CHRISTINE,

MARIN CONTRERAS

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.081Control Test 02:12

0.000Air Blank 02:12

# 1 0.182Subject Sample 02:13

2.234Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.169Subject Sample 02:16

2.148Breath Volume 02:16

0.000Air Blank 02:17

0.077Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:4610/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:51

16:46

Lee County SO

LYNCH,DOUGLAS

05/05/2022

07220080A3

Lee County SO

AVENDANO,JUAN,M

NAUMANN

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

# 1 0.123Subject Sample 18:35

1.992Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.120Subject Sample 18:38

1.898Breath Volume 18:38

0.000Air Blank 18:39

0.078Control Test 18:40

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0610/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:08

Lee County SO

VARGO,KAILEH

05/05/2022

07220080A3

Lee County SO

AVENDANO,JUAN,M

DANBY

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

# 1 0.157Subject Sample 22:36

2.746Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:38

# 2 0.151Subject Sample 22:39

3.101Breath Volume 22:39

0.000Air Blank 22:40

0.079Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:3310/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:56

20:48

Lee County SO

HIDEG,JARED

05/05/2022

07220080A3

Lee County SO

AVENDANO,JUAN,M

JOAQUIN

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.080Control Test 22:46

0.000Air Blank 22:46

# 1 0.181Subject Sample 22:47

1.296Breath Volume 22:47

0.000Air Blank 22:48

0.000Air Blank 22:50

# 2 0.183Subject Sample 22:51

2.648Breath Volume 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:1810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

23:18

Lee County SO

TYUS,C

05/05/2022

07220080A3

Lee County SO

AVENDANO,JUAN,M

DOROSH-WALTHER

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:28

# 1 0.181Subject Sample 01:30

2.492Breath Volume 01:30

0.000Air Blank 01:31

0.000Air Blank 01:32

# 2 0.177Subject Sample 01:33

2.851Breath Volume 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:0410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

02:10

Fort Myers PD

RODRIGUEZ,EDDIE

05/05/2022

07220080A3

Fort Myers PD

MARTINS,KYLE,L

LUCAS

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:37

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:38

# 1 0.216Subject Sample 04:39

2.910Breath Volume 04:39

0.000Air Blank 04:40

0.000Air Blank 04:41

# 2 0.216Subject Sample 04:42

4.253Breath Volume 04:42

0.000Air Blank 04:43

0.077Control Test 04:43

0.000Air Blank 04:43

OKDiagnostics Check 04:44

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:1710/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:23

Fort Myers PD

RODRIGUEZ,EDDIE

05/05/2022

07220080A3

Fort Myers PD

MARTINS,KYLE,L

FENELON

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:10

0.000Air Blank 23:10

0.081Control Test 23:10

0.000Air Blank 23:11

# 1 0.187Subject Sample 23:12

1.226Breath Volume 23:12

0.000Air Blank 23:13

0.000Air Blank 23:14

# 2 0.190Subject Sample 23:15

1.132Breath Volume 23:15

0.000Air Blank 23:16

0.078Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:5110/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:20

Fort Myers PD

WITT,KELLY

05/05/2022

07220080A3

Fort Myers PD

WITT,KELLY,

BRUNING

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.082Control Test 02:59

0.000Air Blank 03:00

# 1 0.199Subject Sample 03:01

2.988Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2 0.198Subject Sample 03:04

2.593Breath Volume 03:04

Air Blank 03:05 Purge Fail

0.000Air Blank 03:05

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:4010/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:12

Fort Myers PD

MARTINS,KYLE

05/05/2022

07220080A3

Fort Myers PD

MARTINS,KYLE,L

ZARINS

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.079Control Test 18:47

0.000Air Blank 18:48

# 1 0.251Subject Sample 18:49

1.652Breath Volume 18:49

Air Blank 18:50 Purge Fail

0.000Air Blank 18:50

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:59:5010/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

18:12

Fort Myers PD

MARTINS,KYLE

05/05/2022

07220080A3

Fort Myers PD

MARTINS,KYLE,L

ZARINS

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:52

0.000Air Blank 18:52

0.076Control Test 18:53

0.000Air Blank 18:53

# 1 0.280Subject Sample 18:54

2.675Breath Volume 18:54

0.000Air Blank 18:55

0.000Air Blank 18:56

# 2 0.276Subject Sample 18:57

1.593Breath Volume 18:57

0.000Air Blank 18:58

0.077Control Test 18:59

0.000Air Blank 18:59

OKDiagnostics Check 18:59

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:5710/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:10

15:45

Lee County SO

MOORE,J

05/05/2022

07220080A3

Fort Myers PD

KONIECZKI,D,

ZAPETA

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.081Control Test 16:31

0.000Air Blank 16:32

# 1Subject Sample 16:35 Subject Test Refused

1.085Breath Volume 16:35

Air Blank 16:36 Purge Fail

0.000Air Blank 16:36

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:4410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

18:13

Fort Myers PD

WELLS,JAMES

05/05/2022

07220080A3

Fort Myers PD

WITT,KELLY,

DESAMOUR

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:45

0.081Control Test 19:45

0.000Air Blank 19:46

# 1 0.208Subject Sample 19:47

1.207Breath Volume 19:47

0.000Air Blank 19:48

0.000Air Blank 19:49

# 2 0.216Subject Sample 19:50

1.789Breath Volume 19:50

Air Blank 19:51 Purge Fail

0.000Air Blank 19:51

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:0910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

01:43

Lee County SO

ECKERT,K

05/05/2022

07220080A3

Sanibel PD

VANPELT,J,

SEPE

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

# 1 0.000Subject Sample 02:57

3.664Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 03:00

# 2 0.000Subject Sample 03:00

4.300Breath Volume 03:00

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:17:1110/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:31

Fort Myers PD

KING,JONATHAN

05/05/2022

07220080A3

Fort Myers PD

MARTINS,KYLE,L

KENNEDY

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.080Control Test 19:11

0.000Air Blank 19:11

# 1 0.152Subject Sample 19:12

2.769Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:14

# 2 0.144Subject Sample 19:15

2.046Breath Volume 19:15

0.000Air Blank 19:16

0.078Control Test 19:16

0.000Air Blank 19:17

OKDiagnostics Check 19:17

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:2810/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:20

Lee Port Authority

SMITH,JOSIAH

05/05/2022

07220080A3

Lee Port Authority

SMITH,JOSIAH,R

GLENN

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:14

0.000Air Blank 02:14

0.081Control Test 02:14

0.000Air Blank 02:15

# 1 0.044Subject Sample 02:15

3.335Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.043Subject Sample 02:18

3.242Breath Volume 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:59:5910/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:33

10:07

Lee County SO

STROBEL,RAYMOND

05/05/2022

07220080A3

Lee County SO

STROBEL,RAYMOND,R

TAYLOR

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:53

0.000Air Blank 10:53

0.081Control Test 10:54

0.000Air Blank 10:54

# 1 0.000Subject Sample 10:55

1.554Breath Volume 10:55

0.000Air Blank 10:55

0.000Air Blank 10:57

# 2 0.000Subject Sample 10:58

1.664Breath Volume 10:58

0.000Air Blank 10:59

0.081Control Test 10:59

0.000Air Blank 10:59

OKDiagnostics Check 10:59

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005468CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:3310/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

03:00

Fort Myers PD

WITT,KELLY

11/05/2022

24620080A2

Fort Myers PD

WITT,KELLY,

BREWER

10/13/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:34

0.081Control Test 03:34

0.000Air Blank 03:35

# 1 0.128Subject Sample 03:35

3.296Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.122Subject Sample 03:38

3.593Breath Volume 03:38

0.000Air Blank 03:39

0.080Control Test 03:39

0.000Air Blank 03:40

OKDiagnostics Check 03:40

Data Download Date/Time: 11/10/2020 12:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:4810/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:39

21:21

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

WALKER

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:09

0.082Control Test 22:09

0.000Air Blank 22:10

# 1Subject Sample 22:10 Subject Test Refused

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.081Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:19:5610/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:19

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

WRIGHT

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.080Control Test 03:10

0.000Air Blank 03:10

# 1 0.190Subject Sample 03:11

1.222Breath Volume 03:11

0.000Air Blank 03:12

0.000Air Blank 03:13

# 2 0.157Subject Sample 03:14

1.718Breath Volume 03:14

0.000Air Blank 03:15

0.000Air Blank 03:17

# 3 0.178Subject Sample 03:17

1.421Breath Volume 03:17

0.000Air Blank 03:18

0.079Control Test 03:19

0.000Air Blank 03:19

OKDiagnostics Check 03:19

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3310/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:36

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

THOMPSON

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.080Control Test 03:21

0.000Air Blank 03:21

# 1Subject Sample 03:22 Subject Test Refused

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:3010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:36

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

THOMPSON

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

# 1 0.196Subject Sample 03:29

1.660Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:31

# 2 0.194Subject Sample 03:32

1.656Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:5010/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

01:15

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

MILLER

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:49 Subject Test Refused

0.000Breath Volume 01:49

0.000Air Blank 01:49

0.081Control Test 01:50

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005538CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:0610/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:40

Fernandina Beach PD

PAETSCH,JOSH

03/05/2021

00919080A3

Fernandina Beach PD

PAETSCH,JOSH,E

CREWS

09/09/2020

8100.27

FERNANDINA BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:30

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:31

# 1 0.025Subject Sample 00:32

1.617Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:34

# 2 0.023Subject Sample 00:35

1.308Breath Volume 00:35

0.000Air Blank 00:36

0.081Control Test 00:36

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 10/20/2020 18:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0310/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:54

Miami-Dade PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

GARCIA

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:38

0.080Control Test 01:38

0.000Air Blank 01:39

# 1 0.165Subject Sample 01:39

2.128Breath Volume 01:39

0.000Air Blank 01:40

0.000Air Blank 01:42

# 2 0.164Subject Sample 01:42

2.121Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

0.000Air Blank 01:43

OKDiagnostics Check 01:44

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:5310/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:32

Miami-Dade PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

BARAHONA

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:25

0.080Control Test 04:26

0.000Air Blank 04:26

# 1 0.000Subject Sample 04:27

2.882Breath Volume 04:27

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.000Subject Sample 04:30

1.726Breath Volume 04:30

0.000Air Blank 04:30

0.080Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:12:0910/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:25

Miami-Dade PD

AZRAK,JOSEPH

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

MEDINA

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

# 1 0.178Subject Sample 02:06

1.683Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:08

# 2 0.184Subject Sample 02:10

1.679Breath Volume 02:10

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

OKDiagnostics Check 02:12

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:31:4010/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:03

03:47

Miami-Dade PD

QUINTANA,JORGE

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

SANTOS

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.081Control Test 04:29

0.000Air Blank 04:30

# 1Subject Sample 04:30 Subject Test Refused

0.000Breath Volume 04:30

0.000Air Blank 04:30

0.078Control Test 04:31

0.000Air Blank 04:31

OKDiagnostics Check 04:31

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0510/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:05

Miami-Dade PD

BIANCHI,MARIO

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

VESS III

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.080Control Test 00:30

0.000Air Blank 00:30

# 1 0.051Subject Sample 00:31

1.667Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.050Subject Sample 00:34

2.035Breath Volume 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:2810/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:14

06:07

Miami-Dade PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

LEON

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.080Control Test 06:38

0.000Air Blank 06:38

# 1 0.191Subject Sample 06:40

1.574Breath Volume 06:40

0.000Air Blank 06:40

0.000Air Blank 06:42

# 2 0.200Subject Sample 06:43

2.023Breath Volume 06:43

0.000Air Blank 06:44

0.078Control Test 06:44

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:36:5110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:12

04:35

Miami-Dade PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

TURNER

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:34

0.000Air Blank 05:34

0.080Control Test 05:34

0.000Air Blank 05:35

# 1Subject Sample 05:35 Subject Test Refused

0.000Breath Volume 05:35

0.000Air Blank 05:35

0.082Control Test 05:36

0.000Air Blank 05:36

OKDiagnostics Check 05:36

Data Download Date/Time: 10/28/2020 10:25

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005550CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:39:5810/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:14

01:50

Miami-Dade PD

CLOSIUS,RICHARD

04/05/2022

05620080A1

Miami-Dade PD

CLOSIUS,RICHARD,L

HERNANDEZ

10/28/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

# 1Subject Sample 02:38 Subject Test Refused

0.000Breath Volume 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

OKDiagnostics Check 02:39

Data Download Date/Time: 11/25/2020 23:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:3410/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:30

MIAMI-DADE PD

AZRAK,JOSEPH

05/05/2021

06419080A2

MIAMI-DADE PD

AZRAK,JOSEPH,

MEJIA-HERNANDEZ

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

# 1 0.180Subject Sample 05:18

2.078Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.174Subject Sample 05:20

1.371Breath Volume 05:20

0.000Air Blank 05:21

0.077Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 10/28/2020 10:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005551CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1310/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:27

00:20

MIAMI-DADE PD

AZRAK,JOSEPH

05/05/2021

06419080A2

MIAMI-DADE PD

AZRAK,JOSEPH,

STEBLINA

09/02/2020

8100.27

MIAMI DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:58

# 1Subject Sample 01:01 No Sample Provided

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.077Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 10/28/2020 10:21

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:2910/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

01:00

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

HEADRICK

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:20

# 1 0.138Subject Sample 01:20

1.792Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.134Subject Sample 01:23

2.660Breath Volume 01:23

0.000Air Blank 01:24

0.080Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 10/28/2020 11:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:3010/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:17

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

KINCADE

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

Air Blank 21:35 RFI Detect

Air Blank 21:35 RFI Detect

Data Download Date/Time: 10/28/2020 11:57

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:3510/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:17

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

KINCADE

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 21:38 Internal Printer Test

Air Blank 21:38 RFI Detect

Data Download Date/Time: 10/28/2020 11:57

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:42:2510/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:17

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

KINCADE

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

FailDiagnostics Check 21:41 Internal Printer Test

0.000Air Blank 21:42

Data Download Date/Time: 10/28/2020 11:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:3110/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:41

02:19

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

COURTNEY

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.080Control Test 03:17

0.000Air Blank 03:17

# 1 0.019Subject Sample 03:18

1.433Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.019Subject Sample 03:20

1.882Breath Volume 03:20

0.000Air Blank 03:21

0.078Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 10/28/2020 11:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:09:2510/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:37

17:50

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

HALL

09/21/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:02

0.000Air Blank 18:03

0.079Control Test 18:03

0.000Air Blank 18:04

# 1 0.000Subject Sample 18:04

1.566Breath Volume 18:04

0.000Air Blank 18:05

0.000Air Blank 18:07

# 2 0.000Subject Sample 18:08

1.750Breath Volume 18:08

0.000Air Blank 18:08

0.078Control Test 18:08

0.000Air Blank 18:09

OKDiagnostics Check 18:09

Data Download Date/Time: 10/28/2020 11:57

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-005810CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4310/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:21

00:41

Lakeland PD

MULDERRIG,SEAN

08/05/2021

17919080A1

Lakeland PD

MULDERRIG,SEAN,F

KELLY

10/28/2020

8100.27

LAKELAND PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.079Control Test 00:47

0.000Air Blank 00:47

# 1 0.199Subject Sample 00:48

3.132Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.199Subject Sample 00:51

2.648Breath Volume 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 12/03/2020 10:09

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:2810/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:13

Palm Beach County SO

MENDEZ,JOSE

07/05/2022

14020080A1

Boynton Beach PD

BELL,JOSHUA,J

TAYLOR

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.088Subject Sample 02:01

2.113Breath Volume 02:01

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.091Subject Sample 02:04

1.597Breath Volume 02:04

0.000Air Blank 02:05

0.078Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:4010/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:10

03:40

Palm Beach County SO

MCGILLICUDDY,STEVEN

07/05/2022

14020080A1

Jupiter PD

BELL,JOSHUA,J

BARNARD

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:33

0.000Air Blank 04:34

0.079Control Test 04:34

0.000Air Blank 04:35

# 1 0.153Subject Sample 04:35

1.312Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.153Subject Sample 04:39

2.421Breath Volume 04:39

0.000Air Blank 04:39

0.080Control Test 04:40

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:31

Palm Beach County SO

GUEVARA,DANE

07/05/2022

14020080A1

Palm Beach County SO

LEAHEY,THOMAS,H

SUAZO ALVARADO

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:18

0.080Control Test 01:18

0.000Air Blank 01:18

# 1 0.106Subject Sample 01:22 Volume Not Met

0.300Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2Subject Sample 01:26 Subject Test Refused

0.027Breath Volume 01:26

0.000Air Blank 01:27

0.079Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:28

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:1810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:47

Palm Beach County SO

FLINK,ANDREW

07/05/2022

14020080A1

Palm Beach Gardens

BELL,JOSHUA,J

MCFEE

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:52

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:1410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:21

Palm Beach County SO

JARRELL,THOMAS

07/05/2022

14020080A1

Tequesta PD

LEAHEY,THOMAS,H

BRADLEY

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:37

0.080Control Test 02:37

0.000Air Blank 02:38

# 1 0.178Subject Sample 02:38

1.460Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.186Subject Sample 02:41

1.410Breath Volume 02:41

0.000Air Blank 02:42

0.079Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:15:5110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:36

Palm Beach County SO

SCHAEFER,JOHN

07/05/2022

14020080A1

Palm Beach County SO

LEAHEY,THOMAS,H

GEFFRARD

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.080Control Test 04:10

0.000Air Blank 04:11

# 1 0.177Subject Sample 04:11

1.253Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 2 0.168Subject Sample 04:14

1.972Breath Volume 04:14

0.000Air Blank 04:14

0.079Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:15

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:13:4810/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:40

11:50

Palm Beach County SO

HOWELL,DAVE

07/05/2022

14020080A1

Palm Beach Gardens

OWEN,SUE,

LOOMIS

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:05

0.000Air Blank 13:05

0.080Control Test 13:06

0.000Air Blank 13:06

# 1 0.215Subject Sample 13:09

2.335Breath Volume 13:09

0.000Air Blank 13:09

0.000Air Blank 13:11

# 2 0.198Subject Sample 13:12

1.722Breath Volume 13:12

0.000Air Blank 13:12

0.078Control Test 13:13

0.000Air Blank 13:13

OKDiagnostics Check 13:13

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:5410/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:52

Palm Beach County SO

CHARELUS,OBED

07/05/2022

14020080A1

Riviera Beach PD

OWEN,SUE,B

RODGER

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1 0.135Subject Sample 21:53

1.636Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:55

# 2 0.137Subject Sample 21:56

2.308Breath Volume 21:56

0.000Air Blank 21:56

0.080Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:4110/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:19

Palm Beach County SO

GUEVARA,DANE

07/05/2022

14020080A1

Palm Beach County SO

O'NEAL,SHARI,L

MATTHEWS

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.080Control Test 23:38

0.000Air Blank 23:38

# 1 0.000Subject Sample 23:39

1.453Breath Volume 23:39

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.000Subject Sample 23:42

1.316Breath Volume 23:42

0.000Air Blank 23:42

0.080Control Test 23:43

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:4110/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:12

Palm Beach County SO

ROWE,RYAN

07/05/2022

14020080A1

Palm Springs PD

BELL,JOSHUA,J

WHITLOCK

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:07

0.000Air Blank 04:08

0.080Control Test 04:08

0.000Air Blank 04:09

# 1 0.209Subject Sample 04:10

3.152Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.206Subject Sample 04:13

3.566Breath Volume 04:13

0.000Air Blank 04:13

0.079Control Test 04:14

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:3110/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:32

Palm Beach County SO

CARVER,CAMERON

07/05/2022

14020080A1

Palm Beach Gardens

POUND,PARIS,D

CASSADAY

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.082Control Test 00:39

0.000Air Blank 00:39

# 1 0.000Subject Sample 00:40

1.800Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.000Subject Sample 00:43

2.703Breath Volume 00:43

0.000Air Blank 00:43

0.081Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:4510/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

20:58

Palm Beach County SO

PRUDHOMME,DANIEL

07/05/2022

14020080A1

North Palm Beach

BELL,JOSHUA,J

OUELET

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.082Control Test 22:26

0.000Air Blank 22:26

# 1 0.116Subject Sample 22:27

3.707Breath Volume 22:27

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2 0.116Subject Sample 22:31

3.214Breath Volume 22:31

0.000Air Blank 22:31

0.079Control Test 22:32

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:4110/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:22

Palm Beach County SO

STILES,MEGAN

07/05/2022

14020080A1

FHP Troop L

BELL,JOSHUA,J

BROWN

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:16

0.000Air Blank 03:16

0.081Control Test 03:17

0.000Air Blank 03:17

# 1 0.032Subject Sample 03:18

1.523Breath Volume 03:18

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.032Subject Sample 03:21

2.097Breath Volume 03:21

0.000Air Blank 03:21

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:5710/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

02:53

Palm Beach County SO

LYNCH,GREGORY

07/05/2022

14020080A1

Palm Beach County SO

RAGIN,RENEE,M

PEDDIE

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:41

0.000Air Blank 03:42

0.080Control Test 03:42

0.000Air Blank 03:43

# 1 0.172Subject Sample 03:43

1.472Breath Volume 03:43

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.161Subject Sample 03:47

2.207Breath Volume 03:47

0.000Air Blank 03:48

0.080Control Test 03:48

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:4010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

22:45

Palm Beach County SO

PRUD'HOMME,DANIEL

07/05/2022

14020080A1

North Palm Beach

O'NEAL,SHARI,L

JOHNSON

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.082Control Test 01:02

0.000Air Blank 01:02

# 1 0.220Subject Sample 01:03

2.269Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.215Subject Sample 01:06

1.468Breath Volume 01:06

0.000Air Blank 01:06

0.082Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:1010/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:09

Palm Beach County SO

FLINK,ANDREW

07/05/2022

14020080A1

Palm Beach Gardens

BELL,JOSHUA,J

HILL

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.081Control Test 05:09

0.000Air Blank 05:10

# 1 0.113Subject Sample 05:10

1.695Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.115Subject Sample 05:13

1.667Breath Volume 05:13

0.000Air Blank 05:14

0.081Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:01:5410/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:30

14:12

Palm Beach County SO

RAMIREZ,DAYRON

07/05/2022

14020080A1

Palm Beach County SO

OWEN,SUE,

LYLES

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:55

0.000Air Blank 14:55

0.081Control Test 14:56

0.000Air Blank 14:56

# 1 0.194Subject Sample 14:57

1.953Breath Volume 14:57

0.000Air Blank 14:58

0.000Air Blank 14:59

# 2 0.203Subject Sample 15:00

1.738Breath Volume 15:00

0.000Air Blank 15:00

0.080Control Test 15:01

0.000Air Blank 15:01

OKDiagnostics Check 15:01

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:2810/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:55

Palm Beach County SO

SORIANO,REYNALDO

07/05/2022

14020080A1

Palm Beach County SO

OWEN,SUE,

HERNANDEZ PEREZ

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.081Control Test 21:06

0.000Air Blank 21:07

# 1 0.206Subject Sample 21:07

1.277Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.206Subject Sample 21:10

1.796Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

OKDiagnostics Check 21:12

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3910/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:16

Palm Beach County SO

DELHOMME,SHAWN

07/05/2022

14020080A1

Palm Beach County SO

OWEN,SUE,

FERDINAND

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.080Control Test 21:47

0.000Air Blank 21:48

# 1 0.378Subject Sample 21:49

1.214Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:51

# 2 0.352Subject Sample 21:52

1.871Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 3 0.355Subject Sample 21:55

1.871Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:57

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:37

Palm Beach County SO

PRUD'HOMME,DANIEL

07/05/2022

14020080A1

North Palm Beach

O'NEAL,SHARI,L

DI LEO

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:01

# 1 0.132Subject Sample 01:01

1.921Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.120Subject Sample 01:04

1.800Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:1610/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:09

Palm Beach County SO

MCGILLICUDDY,STEVEN

07/05/2022

14020080A1

Jupiter PD

BELL,JOSHUA,J

DONAHUE

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

# 1 0.107Subject Sample 05:51

1.593Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:54

# 2 0.111Subject Sample 05:54

2.429Breath Volume 05:54

0.000Air Blank 05:55

0.080Control Test 05:55

0.000Air Blank 05:56

OKDiagnostics Check 05:56

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:38:3010/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:09

04:38

Palm Beach County SO

FLINK,ANDREW

07/05/2022

14020080A1

Palm Beach Gardens

O'NEAL,SHARI,L

UNDERWOOD

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:32

0.000Air Blank 05:32

0.081Control Test 05:33

0.000Air Blank 05:33

# 1 0.000Subject Sample 05:34

1.156Breath Volume 05:34

0.000Air Blank 05:34

0.000Air Blank 05:36

# 2 0.000Subject Sample 05:37

1.269Breath Volume 05:37

0.000Air Blank 05:37

0.080Control Test 05:37

0.000Air Blank 05:38

OKDiagnostics Check 05:38

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:23:1010/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

04:45

Palm Beach County SO

MARSH,STETSON

07/05/2022

14020080A1

Ocean Ridge PD

LEAHEY,THOMAS,H

GAJWANI

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:16

0.000Air Blank 07:17

0.081Control Test 07:17

0.000Air Blank 07:17

# 1 0.225Subject Sample 07:18

2.734Breath Volume 07:18

0.000Air Blank 07:19

0.000Air Blank 07:21

# 2 0.223Subject Sample 07:21

1.589Breath Volume 07:21

0.000Air Blank 07:22

0.079Control Test 07:22

0.000Air Blank 07:23

OKDiagnostics Check 07:23

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1110/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:32

Palm Beach County SO

SOLOWAY,ALAN

07/05/2022

14020080A1

Palm Beach County SO

LEAHEY,THOMAS,H

MOHAMMED

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.081Control Test 03:26

0.000Air Blank 03:27

# 1 0.185Subject Sample 03:28

1.109Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.174Subject Sample 03:31

1.148Breath Volume 03:31

0.000Air Blank 03:32

0.082Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:03:3410/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:31

05:49

Palm Beach County SO

CARVER,CAMERON

07/05/2022

14020080A1

Palm Beach Gardens

LEAHEY,THOMAS,H

DEOLIVEIRA

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:56

0.000Air Blank 06:57

0.080Control Test 06:57

0.000Air Blank 06:58

# 1 0.119Subject Sample 06:59

1.125Breath Volume 06:59

0.000Air Blank 06:59

0.000Air Blank 07:01

# 2 0.119Subject Sample 07:01

1.468Breath Volume 07:01

0.000Air Blank 07:02

0.078Control Test 07:02

0.000Air Blank 07:03

OKDiagnostics Check 07:03

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006029CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:20:4710/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:36

08:16

Palm Beach County SO

DANDREA,ADAM

07/05/2022

14020080A1

Palm Beach County SO

LEAHEY,THOMAS,H

PRATHER

10/16/2020

8100.27

PALM BEACH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:12

0.000Air Blank 09:13

0.081Control Test 09:13

0.000Air Blank 09:13

# 1 0.000Subject Sample 09:14

1.480Breath Volume 09:14

0.000Air Blank 09:14

0.000Air Blank 09:16

# 2 0.000Subject Sample 09:19

2.023Breath Volume 09:19

0.000Air Blank 09:19

0.080Control Test 09:20

0.000Air Blank 09:20

OKDiagnostics Check 09:20

Data Download Date/Time: 11/13/2020 13:52

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:3310/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:35

Martin County SO

THOMAS,CHRISTOPHER

04/05/2021

03519080A5

Martin County SO

THOMAS,CHRISTOPHER,L

GARCIA-JUACO

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

Air Blank 00:42 RFI Detect

0.000Air Blank 00:42

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:1410/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

00:35

Martin County SO

THOMAS,CHRISTOPHER

04/05/2021

03519080A5

Martin County SO

THOMAS,CHRISTOPHER,L

GARCIA-JUACO

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.078Control Test 00:44

0.000Air Blank 00:45

# 1 0.190Subject Sample 00:46

1.882Breath Volume 00:46

0.000Air Blank 00:47

0.000Air Blank 00:48

# 2 0.187Subject Sample 00:49

1.441Breath Volume 00:49

0.000Air Blank 00:50

0.076Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:32:2210/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:02

18:10

Martin County SO

DELGADO,JOSE

04/05/2021

03519080A5

Martin County SO

DELGADO,JOSE,G

KILLGORE

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.077Control Test 18:23

0.000Air Blank 18:24

# 1 0.285Subject Sample 18:26

1.316Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2 0.303Subject Sample 18:30

1.234Breath Volume 18:30

0.000Air Blank 18:31

0.075Control Test 18:31

0.000Air Blank 18:32

OKDiagnostics Check 18:32

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:1410/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:19

03:29

Martin County SO

DELGADO,JOSE

04/05/2021

03519080A5

Martin County SO

DELGADO,JOSE,G

LAFRANCE

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:39

0.078Control Test 03:40

0.000Air Blank 03:40

# 1 0.314Subject Sample 03:41

3.925Breath Volume 03:41

0.000Air Blank 03:42

0.000Air Blank 03:43

# 2 0.334Subject Sample 03:44

4.097Breath Volume 03:44

0.000Air Blank 03:45

0.077Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:3510/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:50

Martin County SO

POLIZZI,CHRISTINE

04/05/2021

03519080A5

Martin County SO

POLIZZI,CHRISTINE,A

WILSTERMANN

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:04

0.078Control Test 22:04

0.000Air Blank 22:05

# 1 0.146Subject Sample 22:05

3.066Breath Volume 22:05

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.143Subject Sample 22:08

3.335Breath Volume 22:08

0.000Air Blank 22:09

0.078Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:4910/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:49

Martin County SO

THOMAS,CHRISTOPHER

04/05/2021

03519080A5

Martin County SO

THOMAS,CHRISTOPHER,L

RAPALO-CASTANEDA

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:59

0.000Air Blank 23:59

0.076Control Test 23:59

0.000Air Blank 00:00

# 1 0.149Subject Sample 00:01

1.191Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.158Subject Sample 00:05

1.714Breath Volume 00:05

0.000Air Blank 00:05

0.078Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:4910/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

00:27

Martin County SO

DELGADO,JOSE

04/05/2021

03519080A5

Martin County SO

DELGADO,JOSE,G

JESSEE

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.079Control Test 00:40

0.000Air Blank 00:40

# 1 0.236Subject Sample 00:41

2.246Breath Volume 00:41

0.000Air Blank 00:41

0.000Air Blank 00:43

# 2 0.256Subject Sample 00:44

2.699Breath Volume 00:44

0.000Air Blank 00:44

0.079Control Test 00:45

0.000Air Blank 00:45

OKDiagnostics Check 00:45

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:2910/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:31

Martin County SO

PALMIERI,A

04/05/2021

03519080A5

Stuart PD

THOMAS,CHRISTOPHER,L

IVES

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:08

# 1 0.180Subject Sample 03:08

3.207Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:11

# 2 0.182Subject Sample 03:11

3.253Breath Volume 03:11

0.000Air Blank 03:12

0.080Control Test 03:12

0.000Air Blank 03:13

OKDiagnostics Check 03:13

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:1410/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

04:06

Martin County SO

POLIZZI,CHRISTINE

04/05/2021

03519080A5

Martin County SO

POLIZZI,CHRISTINE,A

LOPEZ-PABLO

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.080Control Test 04:22

0.000Air Blank 04:22

# 1 0.170Subject Sample 04:23

2.671Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:25

# 2 0.169Subject Sample 04:26

2.781Breath Volume 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-006169CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:4610/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:26

Martin County SO

THOMAS,CHRISTOPHER

04/05/2021

03519080A5

Martin County SO

THOMAS,CHRISTOPHER,L

MARCOLINI

10/01/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:37

0.000Air Blank 21:38

0.077Control Test 21:38

0.000Air Blank 21:38

# 1 0.151Subject Sample 21:39

1.335Breath Volume 21:39

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.158Subject Sample 21:42

1.445Breath Volume 21:42

0.000Air Blank 21:43

0.081Control Test 21:44

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 11/16/2020 22:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.


