
80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:2512/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

22:02

MIAMI-DADE PD

ADAMS,STEVEN

04/05/2022

05620080A1

MIAMI-DADE PD

ADAMS,STEVEN,L

LEDESMA-SANCHEZ

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.078Control Test 22:56

0.000Air Blank 22:57

# 1 0.221Subject Sample 22:59

1.324Breath Volume 22:59

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.197Subject Sample 23:04 Volume Not Met

0.085Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:07

# 3Subject Sample 23:09 Subject Test Refused

0.035Breath Volume 23:09

0.000Air Blank 23:10

0.073Control Test 23:10 Control Outside Tolerance

0.000Air Blank 23:11

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:1912/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

01:05

OTHER LOCAL

PEREZ,ANTONIO

04/05/2022

05620080A1

SWEETWATER PD

CUBELA,CHANTEL,

CENTENO

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.078Control Test 01:31

0.000Air Blank 01:32

# 1 0.207Subject Sample 01:32

2.707Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.199Subject Sample 01:35

2.867Breath Volume 01:35

0.000Air Blank 01:36

0.077Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:21:4712/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:28

MEDLEY PD

DORISMOND,WISNER

04/05/2022

05620080A1

MEDLEY PD

DORISMOND,WISNER,

CONCEPCION TORO

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.078Control Test 17:16

0.000Air Blank 17:17

# 1 0.208Subject Sample 17:17

2.601Breath Volume 17:17

0.000Air Blank 17:18

0.000Air Blank 17:19

# 2 0.194Subject Sample 17:20

2.472Breath Volume 17:20

0.000Air Blank 17:20

0.078Control Test 17:21

0.000Air Blank 17:21

OKDiagnostics Check 17:21

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:5212/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

04:30

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

RODRIGUEZ CLARK

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:07

0.000Air Blank 05:08

0.079Control Test 05:08

0.000Air Blank 05:09

# 1 0.183Subject Sample 05:09

1.632Breath Volume 05:09

0.000Air Blank 05:09

0.000Air Blank 05:11

# 2 0.190Subject Sample 05:12

1.375Breath Volume 05:12

0.000Air Blank 05:12

0.078Control Test 05:13

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:38:4712/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:08

07:39

MIAMI-DADE PD

DARLING,RENARD

04/05/2022

05620080A1

MIAMI-DADE PD

DARLING,RENARD,

OROZCO GAMEZ

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:35

0.000Air Blank 08:36

0.078Control Test 08:36

0.000Air Blank 08:37

# 1Subject Sample 08:37 Subject Test Refused

0.000Breath Volume 08:37

0.000Air Blank 08:37

0.078Control Test 08:38

0.000Air Blank 08:38

OKDiagnostics Check 08:38

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:47:5412/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

10:30

MIAMI-DADE PD

DARLING,RENARD

04/05/2022

05620080A1

MIAMI-DADE PD

DARLING,RENARD,

CALERO

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:45

0.000Air Blank 11:45

0.077Control Test 11:45

0.000Air Blank 11:46

# 1Subject Sample 11:46 Subject Test Refused

0.000Breath Volume 11:46

0.000Air Blank 11:47

0.077Control Test 11:47

0.000Air Blank 11:47

OKDiagnostics Check 11:47

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:3512/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:57

SWEETWATER PD

FERNANDEZ,O

04/05/2022

05620080A1

SWEETWATER PD

FERNANDEZ,O,

USEDA

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

# 1 0.187Subject Sample 22:38

2.671Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:40

# 2 0.193Subject Sample 22:42

3.500Breath Volume 22:42

0.000Air Blank 22:42

0.078Control Test 22:42

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4712/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:00

MIAMI-DADE PD

DE.ARMAS,CHRISTIAN

04/05/2022

05620080A1

MIAMI-DADE PD

DAVALOS,DANIEL,A

SANJUDO

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:39

0.078Control Test 22:39

0.000Air Blank 22:40

# 1Subject Sample 22:40 Subject Test Refused

0.000Breath Volume 22:40

0.000Air Blank 22:40

0.078Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001276CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:15:5212/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:35

11:36

MIAMI-DADE PD

DARLING,RENARD

04/05/2022

05620080A1

MIAMI-DADE PD

DARLING,RENARD,

YOUNG

11/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:09

0.000Air Blank 13:09

0.078Control Test 13:10

0.000Air Blank 13:10

# 1 0.000Subject Sample 13:11

2.980Breath Volume 13:11

0.000Air Blank 13:12

0.000Air Blank 13:14

# 2 0.000Subject Sample 13:14

2.226Breath Volume 13:14

0.000Air Blank 13:14

0.077Control Test 13:15

0.000Air Blank 13:15

OKDiagnostics Check 13:15

Data Download Date/Time: 12/19/2020 02:43

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:0612/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:18

23:54

SWEETWATER PD

FERNANDEZ,O

04/05/2022

05620080A1

SWEETWATER PD

FERNANDEZ,O,

SARDINA

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:2712/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

00:44

MIAMI-DADE PD

SAVINON,CARLOS

04/05/2022

05620080A1

MIAMI-DADE PD

SAVINON,CARLOS,M

VALLADARES

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:28

0.000Air Blank 02:29

0.080Control Test 02:29

0.000Air Blank 02:30

# 1 0.140Subject Sample 02:30

3.082Breath Volume 02:30

0.000Air Blank 02:31

0.000Air Blank 02:33

# 2 0.142Subject Sample 02:33

3.644Breath Volume 02:33

0.000Air Blank 02:34

0.080Control Test 02:34

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4612/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

02:18

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

CORPORAN RODRIGUEZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.079Control Test 02:56

0.000Air Blank 02:57

# 1 0.216Subject Sample 02:59

1.863Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.205Subject Sample 03:04

1.785Breath Volume 03:04

Air Blank 03:05 Purge Fail

0.000Air Blank 03:05

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:3512/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:35

OTHER LOCAL

CUBELA,CHANTEL

04/05/2022

05620080A1

OTHER LOCAL

CUBELA,CHANTEL,

MEDINA CRUZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:03

0.000Air Blank 02:03

0.080Control Test 02:04

0.000Air Blank 02:04

# 1 0.202Subject Sample 02:05

3.359Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:07

# 2 0.192Subject Sample 02:07

2.535Breath Volume 02:07

0.000Air Blank 02:08

0.075Control Test 02:08

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2712/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:17

SWEETWATER PD

FERNANDEZ,O

04/05/2022

05620080A1

SWEETWATER PD

FERNANDEZ,O,

REYES

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:04 Subject Test Refused

0.000Breath Volume 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:01:5312/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:10

MIAMI-DADE PD

ADAMS,STEVEN

04/05/2022

05620080A1

MIAMI-DADE PD

ADAMS,STEVEN,L

RIERA

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:01

Air Blank 20:01 RFI Detect

0.000Air Blank 20:01

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:06:4312/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:10

MIAMI-DADE PD

ADAMS,STEVEN

04/05/2022

05620080A1

MIAMI-DADE PD

ADAMS,STEVEN,L

RIERA

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:03

0.000Air Blank 20:04

0.081Control Test 20:04

0.000Air Blank 20:05

# 1Subject Sample 20:05 Subject Test Refused

0.000Breath Volume 20:05

0.000Air Blank 20:05

0.081Control Test 20:06

0.000Air Blank 20:06

OKDiagnostics Check 20:06

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:14:3212/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:47

13:42

MIAMI-DADE PD

PEREZ,NELSON

04/05/2022

05620080A1

MIAMI-DADE PD

PEREZ,N,

RODRIGUEZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:11

0.000Air Blank 14:11

0.081Control Test 14:12

0.000Air Blank 14:12

# 1Subject Sample 14:13 Subject Test Refused

0.000Breath Volume 14:13

0.000Air Blank 14:13

0.081Control Test 14:13

0.000Air Blank 14:14

OKDiagnostics Check 14:14

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:2112/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:49

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

VALENCIA

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.081Control Test 04:15

0.000Air Blank 04:15

# 1Subject Sample 04:15 Subject Test Refused

0.000Breath Volume 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:1112/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:40

OTHER LOCAL

CUBELA,CHANTEL

04/05/2022

05620080A1

OTHER LOCAL

CUBELA,CHANTEL,

TORRES

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.081Control Test 23:49

0.000Air Blank 23:49

# 1 0.085Subject Sample 23:50

4.839Breath Volume 23:50

0.000Air Blank 23:50

Air Blank 23:52 Ambient Fail

0.000Air Blank 23:53

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:43:1112/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:58

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

PEREZ GONZALEZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:37

0.000Air Blank 05:37

0.080Control Test 05:38

0.000Air Blank 05:38

# 1 0.168Subject Sample 05:41

2.628Breath Volume 05:41

Air Blank 05:42 Purge Fail

0.000Air Blank 05:43

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:0412/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:58

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

PEREZ GONZALEZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.078Control Test 05:45

0.000Air Blank 05:46

# 1 0.166Subject Sample 05:47

2.777Breath Volume 05:47

Air Blank 05:48 Purge Fail

0.000Air Blank 05:49

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:59:1312/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

04:58

OTHER LOCAL

COSCULLUELA,BRYAN

04/05/2022

05620080A1

OTHER LOCAL

COSCULLUELA,BRYAN,M

PEREZ GONZALEZ

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:51

0.000Air Blank 05:51

0.076Control Test 05:51

0.000Air Blank 05:52

# 1 0.153Subject Sample 05:54

1.605Breath Volume 05:54

0.000Air Blank 05:55

0.000Air Blank 05:56

# 2 0.153Subject Sample 05:57

2.109Breath Volume 05:57

0.000Air Blank 05:58

0.076Control Test 05:58

0.000Air Blank 05:59

OKDiagnostics Check 05:59

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:2512/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:49

OTHER LOCAL

RIVERO,NATALIE

04/05/2022

05620080A1

OTHER LOCAL

AGUILERA,ANDREW,E

ESPINOSA

12/19/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:32

0.000Air Blank 20:32

0.080Control Test 20:33

0.000Air Blank 20:33

# 1Subject Sample 20:34 Subject Test Refused

0.000Breath Volume 20:34

0.000Air Blank 20:34

0.081Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 01/26/2021 11:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:2412/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

00:10

Jacksonville SO

VALERIO,E

06/05/2022

09820080A2

Jacksonville SO

LIGHTSEY,ROBERT,D

SANCHEZ SANCHEZ

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.098Subject Sample 02:27

1.644Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.100Subject Sample 02:29

2.179Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 12/31/2020 09:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:56:1912/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

02:40

Jacksonville SO

HAWKINS,A

06/05/2022

09820080A2

Jacksonville Beach

LIGHTSEY,ROBERT,D

CAMERON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.080Control Test 04:44

0.000Air Blank 04:45

# 1 0.145Subject Sample 04:48 Volume Not Met

1.023Breath Volume 04:48

0.000Air Blank 04:48

0.000Air Blank 04:50

# 2 0.171Subject Sample 04:51

1.261Breath Volume 04:51

0.000Air Blank 04:51

0.000Air Blank 04:53

# 3 0.154Subject Sample 04:54

1.148Breath Volume 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

OKDiagnostics Check 04:56

Data Download Date/Time: 12/31/2020 09:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:2312/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

00:15

Jacksonville SO

HIXSON,C

06/05/2022

09820080A2

Jacksonville SO

LIGHTSEY,ROBERT,D

JOHNSON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:26

0.000Air Blank 02:26

0.080Control Test 02:27

0.000Air Blank 02:27

# 1Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/31/2020 09:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5112/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

00:05

Jacksonville SO

JOHNS,B

06/05/2022

09820080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

INSCOE

12/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:22 Subject Test Refused

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.079Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 12/31/2020 09:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:52:1812/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:25

03:55

Jacksonville SO

HILLIER,J

06/05/2022

09820080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

LAZIO

12/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:45

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:46

# 1 0.139Subject Sample 05:47

3.359Breath Volume 05:47

0.000Air Blank 05:48

0.000Air Blank 05:50

# 2 0.146Subject Sample 05:50

3.402Breath Volume 05:50

0.000Air Blank 05:51

0.079Control Test 05:51

0.000Air Blank 05:52

OKDiagnostics Check 05:52

Data Download Date/Time: 12/31/2020 09:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:3112/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

23:47

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

HUYNH

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.082Control Test 02:37

0.000Air Blank 02:37

# 1 0.053Subject Sample 02:38

1.882Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.054Subject Sample 02:41

1.972Breath Volume 02:41

0.000Air Blank 02:41

0.082Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4012/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

20:17

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

SWINSON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.081Control Test 23:44

0.000Air Blank 23:45

# 1Subject Sample 23:45 Subject Test Refused

0.000Breath Volume 23:45

0.000Air Blank 23:45

0.081Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:5312/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

00:25

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

JENKINS

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.081Control Test 02:30

0.000Air Blank 02:30

# 1 0.155Subject Sample 02:31

2.269Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:33

# 2 0.158Subject Sample 02:34

3.375Breath Volume 02:34

0.000Air Blank 02:34

0.081Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:2712/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

02:30

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MCCRUM

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:08

0.080Control Test 04:09

0.000Air Blank 04:09

# 1 0.195Subject Sample 04:10

3.777Breath Volume 04:10

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.198Subject Sample 04:12

3.890Breath Volume 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:0112/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:59

03:00

Jacksonville SO

PARRISH,R

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

JOHNSON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:20

0.081Control Test 05:20

0.000Air Blank 05:20

# 1 0.111Subject Sample 05:21

1.269Breath Volume 05:21

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.107Subject Sample 05:24

1.367Breath Volume 05:24

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:25

OKDiagnostics Check 05:26

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:59:3912/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

18:40

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

WRIGHT

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:54

# 1 0.000Subject Sample 20:55

3.152Breath Volume 20:55

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.000Subject Sample 20:58

2.878Breath Volume 20:58

0.000Air Blank 20:58

0.081Control Test 20:59

0.000Air Blank 20:59

OKDiagnostics Check 20:59

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:1612/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

23:35

Jacksonville SO

HIXSON,C

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

BEAMON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.081Control Test 01:32

0.000Air Blank 01:32

# 1 0.277Subject Sample 01:33

1.179Breath Volume 01:33

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.270Subject Sample 01:36

1.804Breath Volume 01:36

0.000Air Blank 01:37

0.081Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:2312/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:28

21:10

Jacksonville SO

DOUGHFMAN,D

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

NILY

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.081Control Test 22:49

0.000Air Blank 22:49

# 1 0.135Subject Sample 22:50

1.324Breath Volume 22:50

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.127Subject Sample 22:52

1.574Breath Volume 22:52

0.000Air Blank 22:53

0.081Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:2212/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

01:34

Jacksonville SO

TORRES,W

10/05/2021

22419080A2

Neptune Beach PD

SUTTON,BRADEN,J

BROWN

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:38

0.000Air Blank 03:39

0.081Control Test 03:39

0.000Air Blank 03:40

# 1Subject Sample 03:41 Subject Test Refused

0.062Breath Volume 03:41

0.000Air Blank 03:42

0.082Control Test 03:42

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:4912/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:08

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

SOK

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:54

# 1 0.144Subject Sample 00:56

1.304Breath Volume 00:56

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.151Subject Sample 01:00

1.195Breath Volume 01:00

0.000Air Blank 01:00

0.080Control Test 01:01

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:34:3612/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:08

02:42

Jacksonville SO

WHITE,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

HUMPHRIES

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:28

0.000Air Blank 05:29

0.081Control Test 05:29

0.000Air Blank 05:30

# 1 0.000Subject Sample 05:30

1.566Breath Volume 05:30

0.000Air Blank 05:30

0.000Air Blank 05:32

# 2 0.000Subject Sample 05:33

1.136Breath Volume 05:33

0.000Air Blank 05:33

0.081Control Test 05:34

0.000Air Blank 05:34

OKDiagnostics Check 05:34

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:5612/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:56

22:03

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

WILSON

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:16

0.082Control Test 00:17

0.000Air Blank 00:17

# 1 0.083Subject Sample 00:18

2.285Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.081Subject Sample 00:21

1.988Breath Volume 00:21

0.000Air Blank 00:22

0.082Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:3212/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

00:01

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ROGERS

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.081Control Test 01:57

0.000Air Blank 01:57

# 1 0.198Subject Sample 01:59

2.144Breath Volume 01:59

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.204Subject Sample 02:03

1.214Breath Volume 02:03

0.000Air Blank 02:03

0.081Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:2912/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:40

Jacksonville SO

DOUGHFMAN,D

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

WILLIAMS

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.082Control Test 23:16

0.000Air Blank 23:17

# 1 0.081Subject Sample 23:17

1.175Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.084Subject Sample 23:21

1.546Breath Volume 23:21

0.000Air Blank 23:21

0.082Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:02:5012/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

22:26

Jacksonville SO

PETERSON,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

PAGE

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.082Control Test 01:56

0.000Air Blank 01:57

# 1 0.000Subject Sample 01:58

1.468Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2 0.000Subject Sample 02:01

1.683Breath Volume 02:01

0.000Air Blank 02:01

0.082Control Test 02:02

0.000Air Blank 02:02

OKDiagnostics Check 02:02

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:2312/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

23:58

Jacksonville SO

PROPPER,N

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

LAMPKIN

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.082Control Test 03:16

0.000Air Blank 03:16

# 1 0.000Subject Sample 03:17

3.210Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.000Subject Sample 03:20

3.093Breath Volume 03:20

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:3412/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:33

00:53

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

LIGHT

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

# 1Subject Sample 02:55 Subject Test Refused

0.000Breath Volume 02:55

0.000Air Blank 02:55

0.082Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:2112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

02:43

Jacksonville SO

JENSEN,D

10/05/2021

22419080A2

Neptune Beach PD

DINKINS,CHRISTOPHER,D

MARCAL

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.082Control Test 04:51

0.000Air Blank 04:51

# 1 0.193Subject Sample 04:52

2.882Breath Volume 04:52

0.000Air Blank 04:52

0.000Air Blank 04:54

# 2 0.190Subject Sample 04:57

2.558Breath Volume 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:1712/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

22:52

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville Beach

DINKINS,CHRISTOPHER,D

NATE

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:04

0.000Air Blank 01:04

0.082Control Test 01:05

0.000Air Blank 01:05

# 1Subject Sample 01:05 Subject Test Refused

0.000Breath Volume 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:4812/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

22:15

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

CUMBIE

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.082Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 23:59 Subject Test Refused

0.000Breath Volume 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4412/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

03:00

Jacksonville SO

WHITE,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

SAPP

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:39

0.000Air Blank 04:39

0.082Control Test 04:39

0.000Air Blank 04:40

# 1 0.099Subject Sample 04:41

1.664Breath Volume 04:41

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.111Subject Sample 04:44

2.109Breath Volume 04:44

0.000Air Blank 04:44

0.083Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:2512/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:17

23:32

Jacksonville SO

KEEN,C

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

ADAMS

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.083Control Test 01:37

0.000Air Blank 01:38

# 1Subject Sample 01:40 Subject Test Refused

0.164Breath Volume 01:40

0.000Air Blank 01:41

0.084Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 12/30/2020 11:09

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1312/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

22:25

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

LEULUAI

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.083Control Test 00:41

0.000Air Blank 00:41

# 1 0.118Subject Sample 00:42

1.324Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.126Subject Sample 00:45

2.269Breath Volume 00:45

0.000Air Blank 00:46

0.082Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:2912/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:09

02:41

Jacksonville SO

THOMAS,J

10/05/2021

22419080A2

FHP Troop G

SUTTON,BRADEN,J

MCCOY

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.083Control Test 04:30

0.000Air Blank 04:30

# 1 0.045Subject Sample 04:31

1.332Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.043Subject Sample 04:35

2.050Breath Volume 04:35

0.000Air Blank 04:35

0.083Control Test 04:35

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:4612/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

19:07

Jacksonville SO

STANLEY,T

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

SHEHEE

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:56

0.000Air Blank 20:57

0.082Control Test 20:57

0.000Air Blank 20:57

# 1 0.135Subject Sample 20:58

2.207Breath Volume 20:58

0.000Air Blank 20:59

0.000Air Blank 21:00

# 2 0.133Subject Sample 21:01

1.664Breath Volume 21:01

0.000Air Blank 21:01

0.081Control Test 21:02

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:3612/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

21:45

Jacksonville SO

LUGO,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

BLAIR

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:51

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:53

# 1 0.166Subject Sample 23:54

1.761Breath Volume 23:54

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.161Subject Sample 23:57

2.742Breath Volume 23:57

0.000Air Blank 23:57

0.080Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:5712/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

04:37

Jacksonville SO

KENDALL,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

HARRIS

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:49

0.081Control Test 05:49

0.000Air Blank 05:50

# 1Subject Sample 05:50 Subject Test Refused

0.000Breath Volume 05:50

0.000Air Blank 05:51

0.081Control Test 05:51

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:3412/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:09

17:47

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

EASTER

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:29

0.000Air Blank 20:30

0.081Control Test 20:30

0.000Air Blank 20:30

# 1 0.000Subject Sample 20:31

3.042Breath Volume 20:31

0.000Air Blank 20:31

0.000Air Blank 20:33

# 2 0.000Subject Sample 20:34

3.082Breath Volume 20:34

0.000Air Blank 20:34

0.081Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:09:1812/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:43

20:20

Jacksonville SO

LUGO,R

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

KNOWLES

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.081Control Test 22:04

0.000Air Blank 22:04

# 1 0.070Subject Sample 22:05

2.621Breath Volume 22:05

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2 0.068Subject Sample 22:07

2.207Breath Volume 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

OKDiagnostics Check 22:09

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:3512/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

19:40

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

LONG

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.082Control Test 22:40

0.000Air Blank 22:41

# 1Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:41

0.081Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:5512/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

02:45

Jacksonville SO

HILLIER,J

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

CAPUANO

12/09/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:52

0.000Air Blank 04:53

0.081Control Test 04:53

0.000Air Blank 04:54

# 1 0.026Subject Sample 04:54

2.367Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.027Subject Sample 04:57

1.910Breath Volume 04:57

0.000Air Blank 04:58

0.081Control Test 04:58

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 12/30/2020 11:10

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:11:1612/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:25

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

PATEL

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.078Control Test 21:04

0.000Air Blank 21:05

# 1 0.272Subject Sample 21:05

1.601Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.268Subject Sample 21:09

1.417Breath Volume 21:09

0.000Air Blank 21:10

0.077Control Test 21:10

0.000Air Blank 21:11

OKDiagnostics Check 21:11

Data Download Date/Time: 12/03/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:2712/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

03:02

Nassau County SO

TAYLOR,T

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

TYBURCZY

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:49

0.000Air Blank 03:49

0.077Control Test 03:50

0.000Air Blank 03:50

# 1 0.135Subject Sample 03:51

2.945Breath Volume 03:51

0.000Air Blank 03:51

0.000Air Blank 03:53

# 2 0.139Subject Sample 03:54

3.410Breath Volume 03:54

0.000Air Blank 03:55

0.077Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:34:5212/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:53

Nassau County SO

GOETHE,R

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

WILLIAMS

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

# 1Subject Sample 02:33 Subject Test Refused

0.000Breath Volume 02:33

0.000Air Blank 02:33

0.080Control Test 02:34

0.000Air Blank 02:34

OKDiagnostics Check 02:34

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:17:4912/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:42

15:46

Nassau County SO

SHOUGH,D

07/05/2022

14020080A1

Nassau County SO

SMITH,E,E

KING

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:10

0.000Air Blank 17:11

0.080Control Test 17:11

0.000Air Blank 17:12

# 1 0.000Subject Sample 17:13

1.906Breath Volume 17:13

0.000Air Blank 17:13

0.000Air Blank 17:15

# 2 0.000Subject Sample 17:16

2.808Breath Volume 17:16

0.000Air Blank 17:16

0.078Control Test 17:17

0.000Air Blank 17:17

OKDiagnostics Check 17:17

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:5712/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

00:52

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

ADAMS

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:30

0.000Air Blank 02:30

0.079Control Test 02:30

0.000Air Blank 02:31

# 1Subject Sample 02:31 Subject Test Refused

0.000Breath Volume 02:31

0.000Air Blank 02:32

0.079Control Test 02:32

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:2112/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:19

Nassau County SO

DELACRUZ,M

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

RYALS

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

# 1 0.117Subject Sample 03:22

1.289Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.135Subject Sample 03:25

2.031Breath Volume 03:25

0.000Air Blank 03:26

0.079Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:0512/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

21:45

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

WOODRUFF

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:29

0.000Air Blank 23:29

0.078Control Test 23:30

0.000Air Blank 23:30

# 1 0.140Subject Sample 23:31

1.132Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.150Subject Sample 23:34

1.214Breath Volume 23:34

0.000Air Blank 23:35

0.077Control Test 23:35

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2812/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:35

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

MOREE

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:40

0.078Control Test 22:40

0.000Air Blank 22:40

# 1 0.189Subject Sample 22:41

2.218Breath Volume 22:41

0.000Air Blank 22:42

0.000Air Blank 22:44

# 2 0.182Subject Sample 22:44

1.398Breath Volume 22:44

0.000Air Blank 22:45

0.076Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:2712/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:39

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

HAMPTON,J,R

PARKER

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:25

0.000Air Blank 04:26

0.078Control Test 04:26

0.000Air Blank 04:26

# 1Subject Sample 04:27 Subject Test Refused

0.000Breath Volume 04:27

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 02/08/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:57:2512/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:54

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

HAMPTON,J,R

PIKULA

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:51

0.077Control Test 03:51

0.000Air Blank 03:51

# 1 0.209Subject Sample 03:52

1.246Breath Volume 03:52

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.216Subject Sample 03:55

1.449Breath Volume 03:55

0.000Air Blank 03:56

0.078Control Test 03:56

0.000Air Blank 03:57

OKDiagnostics Check 03:57

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:1712/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:03

Nassau County SO

BALLARD,J

07/05/2022

14020080A1

Nassau County SO

HAMPTON,J,R

HOLT

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:34

0.000Air Blank 04:34

0.078Control Test 04:34

0.000Air Blank 04:35

# 1 0.000Subject Sample 04:35

2.195Breath Volume 04:35

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2 0.000Subject Sample 04:38

2.328Breath Volume 04:38

0.000Air Blank 04:39

0.078Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:4012/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

18:00

FHP Troop G

THOMASON,P.

07/05/2022

14020080A1

FHP Troop G

HERON,WINSTON,G

PORTER

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:31

0.000Air Blank 19:31

0.078Control Test 19:31

0.000Air Blank 19:32

# 1 0.155Subject Sample 19:33

1.570Breath Volume 19:33

0.000Air Blank 19:33

0.000Air Blank 19:35

# 2 0.157Subject Sample 19:36

2.718Breath Volume 19:36

0.000Air Blank 19:36

0.078Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:2612/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:37

Nassau County SO

TAYLOR,T

07/05/2022

14020080A1

Nassau County SO

KUTZ,T,E

WALKER

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.079Control Test 02:26

0.000Air Blank 02:26

# 1Subject Sample 02:27 Subject Test Refused

0.000Breath Volume 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1912/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:51

22:29

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

MACK

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.079Control Test 23:40

0.000Air Blank 23:40

# 1Subject Sample 23:40 Subject Test Refused

0.000Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0412/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:53

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

MYERS,J,

HELM

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:46

0.000Air Blank 02:47

0.078Control Test 02:47

0.000Air Blank 02:48

# 1 0.114Subject Sample 02:48

3.042Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:51

# 2 0.109Subject Sample 02:51

2.242Breath Volume 02:51

0.000Air Blank 02:52

0.077Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:53

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:28:1412/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:24

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

PRATT

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:25

0.000Air Blank 22:25

0.079Control Test 22:26

0.000Air Blank 22:26

# 1Subject Sample 22:26 Subject Test Refused

0.000Breath Volume 22:26

0.000Air Blank 22:27

0.078Control Test 22:27

0.000Air Blank 22:28

OKDiagnostics Check 22:28

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:5512/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:53

Nassau County SO

WOODS,W

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

BROCK

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:39

0.000Air Blank 03:40

0.079Control Test 03:40

0.000Air Blank 03:41

# 1 0.178Subject Sample 03:42

3.019Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2 0.171Subject Sample 03:45

2.640Breath Volume 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:00:5412/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:44

Nassau County SO

TAYLOR,T

07/05/2022

14020080A1

Nassau County SO

MYERS,J,

WILLIAMS JR

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:54

0.000Air Blank 19:54

0.079Control Test 19:55

0.000Air Blank 19:55

# 1 0.000Subject Sample 19:56

2.644Breath Volume 19:56

0.000Air Blank 19:57

0.000Air Blank 19:59

# 2 0.000Subject Sample 19:59

1.777Breath Volume 19:59

0.000Air Blank 19:59

0.078Control Test 20:00

0.000Air Blank 20:00

OKDiagnostics Check 20:00

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:44:1512/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:44

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

HAMPTON,J,R

TAYLOR

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.077Control Test 02:42

0.000Air Blank 02:42

# 1Subject Sample 02:42 Subject Test Refused

0.000Breath Volume 02:42

0.000Air Blank 02:43

0.077Control Test 02:43

0.000Air Blank 02:44

OKDiagnostics Check 02:44

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:3812/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:59

21:34

Nassau County SO

HOLMBERG,H

07/05/2022

14020080A1

FL Dept of AG

KUTZ,T,E

COLQUITT

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:19

0.000Air Blank 22:19

0.078Control Test 22:20

0.000Air Blank 22:20

# 1 0.163Subject Sample 22:21

1.289Breath Volume 22:21

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.162Subject Sample 22:24

2.417Breath Volume 22:24

0.000Air Blank 22:24

0.077Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:1112/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:23

Nassau County SO

STEVENSON,A

07/05/2022

14020080A1

Nassau County SO

TIPPINS,C,L

BERGERSON

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.078Control Test 02:26

0.000Air Blank 02:27

# 1 0.199Subject Sample 02:27

3.136Breath Volume 02:27

0.000Air Blank 02:28

0.000Air Blank 02:30

# 2 0.205Subject Sample 02:30

2.355Breath Volume 02:30

0.000Air Blank 02:31

0.077Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:4712/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:22

Nassau County SO

HUFFMON,J

07/05/2022

14020080A1

Nassau County SO

PICKETT,J,D

WERDER

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:38

0.078Control Test 20:38

0.000Air Blank 20:39

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.078Control Test 20:40

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001281CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:05:0812/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:55

Nassau County SO

KNIGHT,G

07/05/2022

14020080A1

Nassau County SO

HERON,WINSTON,G

WALKER

12/02/2020

8100.27

NASSAU COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.078Control Test 23:03

0.000Air Blank 23:03

# 1Subject Sample 23:03 Subject Test Refused

0.000Breath Volume 23:03

0.000Air Blank 23:04

0.078Control Test 23:04

0.000Air Blank 23:05

OKDiagnostics Check 23:05

Data Download Date/Time: 02/08/2021 14:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:4512/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:22

FHP Troop B

BROWN,RICK

12/01/2019

644476

FHP Troop B

BROWN,RICK,D

FOWLER

11/01/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.000Control Test 04:17 Control Outside Tolerance

0.000Air Blank 04:17

Data Download Date/Time: 01/06/2021 06:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5612/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:22

FHP Troop B

BROWN,RICK

12/01/2019

644476

FHP Troop B

BROWN,RICK,D

FOWLER

11/01/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:20

0.000Air Blank 04:21

0.000Control Test 04:21 Control Outside Tolerance

Air Blank 04:21 RFI Detect

Data Download Date/Time: 01/06/2021 06:42

08 March 2021

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:5312/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

02:22

FHP Troop B

BROWN,RICK

12/01/2019

644476

FHP Troop B

BROWN,RICK,D

FOWLER

11/01/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.080Control Test 04:28

0.000Air Blank 04:28

# 1 0.180Subject Sample 04:29

2.074Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.182Subject Sample 04:32

1.808Breath Volume 04:32

0.000Air Blank 04:32

0.079Control Test 04:33

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 01/06/2021 06:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001284CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:58:3012/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:31

00:06

FHP Troop B

REEVES,DAVUD

12/01/2019

644476

Gilchrist County SO

BROWN,RICK,D

ROBINSON

11/01/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:52

0.000Air Blank 00:52

0.079Control Test 00:52

0.000Air Blank 00:53

# 1 0.144Subject Sample 00:54

1.687Breath Volume 00:54

0.000Air Blank 00:54

0.000Air Blank 00:56

# 2 0.146Subject Sample 00:56

2.050Breath Volume 00:56

0.000Air Blank 00:57

0.077Control Test 00:57

0.000Air Blank 00:58

OKDiagnostics Check 00:58

Data Download Date/Time: 01/06/2021 06:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001290CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4712/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:30

Bradford County SO

ROONEY,M

01/06/2022

AG000606

Starke PD

LEWIS,LAKIESHA,S

TYSON

11/04/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.078Control Test 01:12

0.000Air Blank 01:13

# 1 0.160Subject Sample 01:14

2.031Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.164Subject Sample 01:17

2.722Breath Volume 01:17

0.000Air Blank 01:17

0.077Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 12/29/2020 11:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:4112/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

14:29

Lawtey PD

TOMPKINS,DANIEL

01/06/2022

AG000606

Lawtey PD

TOMPKINS,DANIEL,H

PELLUM

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:38

0.000Air Blank 15:39

0.079Control Test 15:39

0.000Air Blank 15:40

# 1Subject Sample 15:43 No Sample Provided

0.000Breath Volume 15:43

0.000Air Blank 15:43

0.000Air Blank 15:45

# 2Subject Sample 15:46 Subject Test Refused

0.000Breath Volume 15:46

0.000Air Blank 15:46

0.079Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:00:0612/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:13

14:22

Lawtey PD

TOMPKINS,DANIEL

01/06/2022

AG000606

Lawtey PD

TOMPKINS,DANIEL,H

PELLUM

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:57

0.000Air Blank 15:57

0.079Control Test 15:58

0.000Air Blank 15:58

# 1Subject Sample 15:58 Subject Test Refused

0.000Breath Volume 15:58

0.000Air Blank 15:59

0.079Control Test 15:59

0.000Air Blank 16:00

OKDiagnostics Check 16:00

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:02:0612/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

20:12

Bradford County SO

ROONEY,M

01/06/2022

AG000606

Starke PD

LEWIS,LAKIESHA,S

SMITH

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.079Control Test 20:52

0.000Air Blank 20:52

# 1 0.100Subject Sample 20:54

1.718Breath Volume 20:54

0.000Air Blank 20:55

0.000Air Blank 20:57

# 2 0.095Subject Sample 21:00

1.554Breath Volume 21:00

0.000Air Blank 21:01

0.077Control Test 21:01

0.000Air Blank 21:02

OKDiagnostics Check 21:02

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:1812/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:13

Lawtey PD

TOMPKINS,DANIEL

01/06/2022

AG000606

Lawtey PD

TOMPKINS,DANIEL,H

FIFE

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.078Control Test 22:52

0.000Air Blank 22:52

# 1 0.043Subject Sample 22:56

2.109Breath Volume 22:56

0.000Air Blank 22:56

0.000Air Blank 22:58

# 2 0.038Subject Sample 22:59

1.652Breath Volume 22:59

0.000Air Blank 23:00

0.076Control Test 23:00

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:25:1212/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:50

06:42

Lawtey PD

CLANCY,D

01/06/2022

AG000606

Starke PD

TOMPKINS,DANIEL,H

CHAPMAN

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:12

0.000Air Blank 07:13

0.079Control Test 07:13

0.000Air Blank 07:14

# 1 0.196Subject Sample 07:15

1.398Breath Volume 07:15

0.000Air Blank 07:16

0.000Air Blank 07:17

# 2 0.189Subject Sample 07:21 Volume Not Met

1.078Breath Volume 07:21

0.000Air Blank 07:21

0.000Air Blank 07:23

# 3Subject Sample 07:23 Subject Test Refused

0.000Breath Volume 07:23

0.000Air Blank 07:24

0.075Control Test 07:24

0.000Air Blank 07:25

OKDiagnostics Check 07:25

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001291CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:36:2512/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:05

12:49

Lawtey PD

TOMPKINS,DANIEL

01/06/2022

AG000606

Lawtey PD

TOMPKINS,DANIEL,H

MOORE

12/09/2020

8100.27

BRADFORD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:30

0.000Air Blank 13:30

0.080Control Test 13:31

0.000Air Blank 13:31

# 1 0.000Subject Sample 13:32

2.617Breath Volume 13:32

0.000Air Blank 13:32

0.000Air Blank 13:34

# 2 0.000Subject Sample 13:35

1.429Breath Volume 13:35

0.000Air Blank 13:35

0.079Control Test 13:35

0.000Air Blank 13:36

OKDiagnostics Check 13:36

Data Download Date/Time: 02/09/2021 07:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001293CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:2612/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

01:58

Williston PD

WILLIAMSON,S

07/29/2023

1355293

Levy County SO

CASOLO,DOREEN,M

HERNANDEZ

11/17/2020

8100.27

WILLISTON PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.079Control Test 03:27

0.000Air Blank 03:28

# 1 0.000Subject Sample 03:29

1.289Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.000Subject Sample 03:32

1.558Breath Volume 03:32

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/31/2020 13:07

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:25:2712/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:58

10:32

Santa Rosa County SO

MOYE,JAMES

07/15/2023

1349789

Santa Rosa County SO

MOYE,JAMES,M

HARWOOD

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:18

0.000Air Blank 11:19

0.082Control Test 11:19

0.000Air Blank 11:20

# 1 0.283Subject Sample 11:20

1.460Breath Volume 11:20

0.000Air Blank 11:21

0.000Air Blank 11:23

# 2 0.295Subject Sample 11:23

2.671Breath Volume 11:23

0.000Air Blank 11:24

0.078Control Test 11:24

0.000Air Blank 11:25

OKDiagnostics Check 11:25

Data Download Date/Time: 01/04/2021 14:30

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:27:1912/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:26

FHP Troop A

MESTEK,JOHN

07/15/2023

1349789

FHP Troop A

MESTEK,JOHN,A

WANDS

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:21

0.000Air Blank 22:21

0.082Control Test 22:21

0.000Air Blank 22:22

# 1 0.225Subject Sample 22:22

3.609Breath Volume 22:22

0.000Air Blank 22:23

0.000Air Blank 22:25

# 2 0.227Subject Sample 22:25

4.230Breath Volume 22:25

0.000Air Blank 22:26

0.079Control Test 22:26

0.000Air Blank 22:27

OKDiagnostics Check 22:27

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:2112/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

12:27

Santa Rosa County SO

AVERA,DANTE

07/15/2023

1349789

Santa Rosa County SO

AVERA,DANTE,E

HOBBS

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.082Control Test 01:06

0.000Air Blank 01:06

# 1 0.066Subject Sample 01:08

1.683Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.064Subject Sample 01:12

2.472Breath Volume 01:12

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:39:0812/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:10

14:03

Santa Rosa County SO

GOUGH,AARON

07/15/2023

1349789

Santa Rosa County SO

GOUGH,AARON,S

DAY

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:33

0.000Air Blank 15:33

0.082Control Test 15:33

0.000Air Blank 15:34

# 1 0.000Subject Sample 15:34

4.656Breath Volume 15:34

0.000Air Blank 15:35

0.000Air Blank 15:37

# 2 0.000Subject Sample 15:37

4.433Breath Volume 15:37

0.000Air Blank 15:38

0.081Control Test 15:38

0.000Air Blank 15:39

OKDiagnostics Check 15:39

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:5412/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:17

23:37

Santa Rosa County SO

ALEXANDER,LLOYD

07/15/2023

1349789

Santa Rosa County SO

ALEXANDER,LLOYD,A

LEHRKAMP

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:38

# 1 0.268Subject Sample 00:39

3.417Breath Volume 00:39

0.000Air Blank 00:40

0.000Air Blank 00:41

# 2 0.266Subject Sample 00:42

2.761Breath Volume 00:42

0.000Air Blank 00:42

0.081Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:2712/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

00:37

Santa Rosa County SO

WEAVER,COREY

07/15/2023

1349789

Santa Rosa County SO

WEAVER,COREY,R

NELSON

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1 0.366Subject Sample 01:53

3.152Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.365Subject Sample 01:56

3.160Breath Volume 01:56

0.000Air Blank 01:57

0.077Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:1712/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:36

21:57

Santa Rosa County SO

STEPHENSON,PATRICK

07/15/2023

1349789

Santa Rosa County SO

STEPHENSON,PATRICK,W

TAITANO

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:56

0.000Air Blank 22:56

0.080Control Test 22:57

0.000Air Blank 22:57

# 1 0.219Subject Sample 23:00

1.527Breath Volume 23:00

0.000Air Blank 23:00

0.000Air Blank 23:02

# 2 0.202Subject Sample 23:04

1.796Breath Volume 23:04

0.000Air Blank 23:05

0.079Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:35:3512/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:51

Santa Rosa County SO

SEIB,ALEXANDER

07/15/2023

1349789

Santa Rosa County SO

CARLSON,JOSHUA,L

ROBERTS

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:28

0.000Air Blank 23:29

0.080Control Test 23:29

0.000Air Blank 23:30

# 1 0.253Subject Sample 23:31

4.042Breath Volume 23:31

0.000Air Blank 23:31

0.000Air Blank 23:33

# 2 0.260Subject Sample 23:34

3.734Breath Volume 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

OKDiagnostics Check 23:35

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:2412/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:58

Santa Rosa County SO

DAVIS,DANIEL

07/15/2023

1349789

Santa Rosa County SO

BASILE,ANTHONY,F

BASILE

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.082Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:03:0912/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:39

14:03

Santa Rosa County SO

DANIELS,DAVID

07/15/2023

1349789

Santa Rosa County SO

DANIELS,DAVID,C

FRANKLIN

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:00

0.000Air Blank 15:00

0.081Control Test 15:00

0.000Air Blank 15:01

# 1Subject Sample 15:01 Subject Test Refused

0.000Breath Volume 15:01

0.000Air Blank 15:02

0.083Control Test 15:02

0.000Air Blank 15:03

OKDiagnostics Check 15:03

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:3712/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

OTHER

22:00

21:47

Santa Rosa County SO

GRANTHAM,WILLIAM

07/15/2023

1349789

Santa Rosa County SO

GRANTHAM,WILLIAM,H

CLARK

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.082Control Test 22:21

0.000Air Blank 22:21

# 1Subject Sample 22:23 Subject Test Refused

0.000Breath Volume 22:23

0.000Air Blank 22:23

0.081Control Test 22:24

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:5312/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:14

FHP Troop A

MELTON,EMILY

07/15/2023

1349789

FHP Troop A

LYNCH,CHAD,J

BALBUENA

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.082Control Test 23:51

0.000Air Blank 23:51

# 1 0.141Subject Sample 23:52

3.781Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.140Subject Sample 23:55

3.625Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:1112/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:19

Santa Rosa County SO

COPELAND,JUSTIN

07/15/2023

1349789

Santa Rosa County SO

GRAY,ANN,M

MOREHOUSE

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:47

0.000Air Blank 20:47

0.082Control Test 20:47

0.000Air Blank 20:48

# 1 0.251Subject Sample 20:48

1.945Breath Volume 20:48

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.245Subject Sample 20:51

1.812Breath Volume 20:51

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:0912/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

02:14

FHP Troop A

MANNING,CARL

07/15/2023

1349789

FHP Troop A

MANNING,CARL,T

GARDNER

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.082Control Test 02:51

0.000Air Blank 02:52

# 1 0.187Subject Sample 02:52

3.031Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.184Subject Sample 02:55

2.371Breath Volume 02:55

0.000Air Blank 02:56

0.080Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:10:2012/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:43

13:00

Santa Rosa County SO

GOUGH,AARON

07/15/2023

1349789

Santa Rosa County SO

GOUGH,AARON,S

MORGAN

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 14:04

0.000Air Blank 14:04

0.082Control Test 14:04

0.000Air Blank 14:05

# 1 0.171Subject Sample 14:05

1.914Breath Volume 14:05

0.000Air Blank 14:06

0.000Air Blank 14:08

# 2 0.163Subject Sample 14:08

1.906Breath Volume 14:08

0.000Air Blank 14:09

0.083Control Test 14:09

0.000Air Blank 14:10

OKDiagnostics Check 14:10

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0412/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

12:29

Santa Rosa County SO

STEPHENSON,PATRICK

07/15/2023

1349789

Santa Rosa County SO

STEPHENSON,PATRICK,W

ROOK

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:50

0.000Air Blank 01:51

# 1 0.176Subject Sample 01:53

1.210Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:55

# 2 0.186Subject Sample 01:56

1.730Breath Volume 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:58

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:14:2612/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:11

21:11

Santa Rosa County SO

LEMMON,TREVOR

07/15/2023

1349789

Milton PD

GRANTHAM,WILLIAM,H

MCGUFFIN

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:05

0.000Air Blank 22:06

0.082Control Test 22:06

0.000Air Blank 22:07

# 1Subject Sample 22:10 No Sample Provided

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.000Air Blank 22:12

# 2Subject Sample 22:13 Subject Test Refused

0.000Breath Volume 22:13

0.000Air Blank 22:13

0.082Control Test 22:13

0.000Air Blank 22:14

OKDiagnostics Check 22:14

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:56:1212/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:38

FHP Troop A

MARQUIS,NORMAND

07/15/2023

1349789

FHP Troop A

MARQUIS,NORMAND,L

FRASER

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:45

0.082Control Test 17:45

0.000Air Blank 17:46

# 1Subject Sample 17:49 No Sample Provided

0.000Breath Volume 17:49

0.000Air Blank 17:49

0.000Air Blank 17:51

# 2Subject Sample 17:54 No Sample Provided

0.000Breath Volume 17:54

0.000Air Blank 17:55

0.083Control Test 17:55

0.000Air Blank 17:56

OKDiagnostics Check 17:56

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001303CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:3712/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:07

Santa Rosa County SO

RODRIGUEZ,PAUL

07/15/2023

1349789

Santa Rosa County SO

RODRIGUEZ,PAUL,M

ALEXANDER

11/30/2020

8100.27

SANTA ROSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.081Control Test 04:04

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/04/2021 14:31

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:2912/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:36

Marianna PD

STROUD,NICHOLAS

06/07/2021

970670

Jackson County SO

HOWELL,KEENAN,B

TRACY II

12/08/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1 0.169Subject Sample 00:17

2.648Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.175Subject Sample 00:19

2.855Breath Volume 00:19

0.000Air Blank 00:20

0.080Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 01/19/2021 11:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:0312/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

11:59

FHP Troop A

DANIELS,GARY

06/07/2021

970670

FHP Troop A

DANIELS,GARY,E

LOPEZ GONZALEZ

12/08/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

Air Blank 01:28 RFI Detect

0.000Air Blank 01:29

Data Download Date/Time: 01/19/2021 11:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1312/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

11:59

FHP Troop A

DANIELS,GARY

06/07/2021

970670

FHP Troop A

DANIELS,GARY,E

LOPEZ GONZALEZ

12/08/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.081Control Test 01:32

0.000Air Blank 01:33

# 1 0.241Subject Sample 01:34

3.453Breath Volume 01:34

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.217Subject Sample 01:36

1.570Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 3 0.232Subject Sample 01:40

3.980Breath Volume 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/19/2021 11:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:56:3112/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:15

Marianna PD

ARROYO,TRISTON

06/07/2021

970670

Marianna PD

GRIFFITH,DALTON,M

HERRMANN

12/08/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:50

0.000Air Blank 03:50

0.082Control Test 03:51

0.000Air Blank 03:51

# 1 0.192Subject Sample 03:52

1.578Breath Volume 03:52

0.000Air Blank 03:52

0.000Air Blank 03:54

# 2 0.187Subject Sample 03:55

1.578Breath Volume 03:55

0.000Air Blank 03:55

0.081Control Test 03:55

0.000Air Blank 03:56

OKDiagnostics Check 03:56

Data Download Date/Time: 01/19/2021 11:16

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:1512/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:27

01:54

Madison PD

SMITH,LUCAS

03/05/2021

00919080A2

Madison PD

SMITH,LUCAS,R

GALLON

11/04/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:48

0.079Control Test 02:48

0.000Air Blank 02:49

# 1 0.189Subject Sample 02:49

2.234Breath Volume 02:49

0.000Air Blank 02:50

0.000Air Blank 02:52

# 2 0.198Subject Sample 02:52

1.757Breath Volume 02:52

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 12/21/2020 12:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:1212/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:24

Madison PD

GOINS,KENNETH

03/05/2021

00919080A2

Madison County SO

SMITH,LUCAS,R

MERRITT

11/04/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:11

0.079Control Test 22:11

0.000Air Blank 22:11

# 1 0.207Subject Sample 22:12

4.312Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.203Subject Sample 22:15

4.253Breath Volume 22:15

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 12/21/2020 12:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:2112/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:07

FHP Troop H

WRIGHT,JOSHUA

03/05/2021

00919080A2

FHP Troop H

WRIGHT,JOSHUA,N

CERROS

12/21/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.080Control Test 21:37

0.000Air Blank 21:37

# 1 0.000Subject Sample 21:38

3.058Breath Volume 21:38

0.000Air Blank 21:38

0.000Air Blank 21:40

# 2 0.000Subject Sample 21:41

2.968Breath Volume 21:41

0.000Air Blank 21:42

0.078Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 01/11/2021 11:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:1512/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:41

FHP Troop H

KELSCH,KEN

03/05/2021

00919080A2

FHP Troop H

FOLSOM,CHRISTOPHER,M

COBB

12/21/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.193Subject Sample 01:35

4.015Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.200Subject Sample 01:38

4.445Breath Volume 01:38

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 01/11/2021 11:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:4312/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:22

Panama City PD

TURNER,JONATHAN

08/27/2021

AG923908

Panama City PD

TURNER,JONATHAN,R

FUGATE

11/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.082Control Test 00:05

0.000Air Blank 00:05

# 1 0.100Subject Sample 00:06

2.027Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.100Subject Sample 00:09

2.027Breath Volume 00:09

0.000Air Blank 00:09

0.080Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 12/29/2020 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:41:1012/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:56

05:43

Bay County SO

PRICE,CARLON

08/27/2021

AG923908

Bay County SO

CARLON,CARLON,E

ZAHASKY

11/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:28

0.000Air Blank 06:29

0.081Control Test 06:29

0.000Air Blank 06:29

# 1Subject Sample 06:32 No Sample Provided

0.000Breath Volume 06:32

0.000Air Blank 06:33

0.000Air Blank 06:35

# 2 0.120Subject Sample 06:36

2.738Breath Volume 06:36

0.000Air Blank 06:37

0.000Air Blank 06:39

# 3 0.112Subject Sample 06:39

2.296Breath Volume 06:39

0.000Air Blank 06:40

0.080Control Test 06:40

0.000Air Blank 06:41

OKDiagnostics Check 06:41

Data Download Date/Time: 12/29/2020 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:36:2212/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:09

06:59

Bay County SO

WURST,JOSHUA

08/27/2021

AG923908

Lynn Haven PD

BROSIUS,STANLEY,W

MATOS-ROBLES

11/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.081Control Test 08:30

0.000Air Blank 08:30

# 1 0.067Subject Sample 08:31

2.437Breath Volume 08:31

0.000Air Blank 08:32

0.000Air Blank 08:34

# 2 0.073Subject Sample 08:34

2.843Breath Volume 08:34

0.000Air Blank 08:35

0.080Control Test 08:35

0.000Air Blank 08:36

OKDiagnostics Check 08:36

Data Download Date/Time: 12/29/2020 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:48:2512/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:04

05:43

Bay County SO

HENDERSON,JOSH

08/27/2021

AG923908

Bay County SO

EDWARDS,KYLE,J

SMITH

11/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:37

0.000Air Blank 06:37

0.082Control Test 06:37

0.000Air Blank 06:38

# 1Subject Sample 06:41 No Sample Provided

0.000Breath Volume 06:41

0.000Air Blank 06:41

0.000Air Blank 06:43

# 2Subject Sample 06:47 No Sample Provided

0.000Breath Volume 06:47

0.000Air Blank 06:47

0.081Control Test 06:47

0.000Air Blank 06:48

OKDiagnostics Check 06:48

Data Download Date/Time: 12/29/2020 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001308CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:18:1112/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:18

Bay County SO

MATHIS,MARKEVIS

08/27/2021

AG923908

Bay County SO

WARNER,JOSHUA,C

RICH

11/30/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:15

0.080Control Test 23:16

0.000Air Blank 23:16

# 1Subject Sample 23:16 Subject Test Refused

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.081Control Test 23:17

0.000Air Blank 23:18

OKDiagnostics Check 23:18

Data Download Date/Time: 12/29/2020 15:51

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:5112/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:00

17:45

Niceville PD

MACBETH,MATTHEW

02/25/2023

1283438

Niceville PD

LOPEZ,AUSTIN,L

LOPEZ

11/24/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:23

0.000Air Blank 18:23

0.080Control Test 18:24

0.000Air Blank 18:24

# 1 0.222Subject Sample 18:25

1.449Breath Volume 18:25

0.000Air Blank 18:25

0.000Air Blank 18:27

# 2 0.201Subject Sample 18:29

1.980Breath Volume 18:29

0.000Air Blank 18:29

0.000Air Blank 18:31

# 3 0.208Subject Sample 18:32

2.496Breath Volume 18:32

0.000Air Blank 18:32

0.077Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 12/29/2020 10:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:26:2212/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:31

Niceville PD

SAENZ,MELISSA

02/25/2023

1283438

Niceville PD

SAENZ,MELISSA,P

CRON

11/24/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 08:26

Air Blank 08:26 RFI Detect

Air Blank 08:26 RFI Detect

Data Download Date/Time: 12/29/2020 10:42

08 March 2021

COBRA ©1997-2014 CMI, Inc.



80-001310CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:35:4312/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:05

07:31

Niceville PD

SAENZ,MELISSA

02/25/2023

1283438

Niceville PD

SAENZ,MELISSA,P

CRON

11/24/2020

8100.27

NICEVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:29

0.000Air Blank 08:29

0.081Control Test 08:29

0.000Air Blank 08:30

# 1 0.102Subject Sample 08:31

4.433Breath Volume 08:31

0.000Air Blank 08:31

0.000Air Blank 08:33

# 2 0.092Subject Sample 08:34

2.246Breath Volume 08:34

0.000Air Blank 08:34

0.081Control Test 08:35

0.000Air Blank 08:35

OKDiagnostics Check 08:35

Data Download Date/Time: 12/29/2020 10:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:2212/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:41

Walton County SO

CARDENAS,ADAM

07/09/2021

980558

Walton County SO

SCHULTZ,JEREMY,J

WOOD

11/18/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:32

0.081Control Test 02:32

0.000Air Blank 02:33

# 1 0.225Subject Sample 02:34

1.847Breath Volume 02:34

0.000Air Blank 02:35

0.000Air Blank 02:36

# 2 0.236Subject Sample 02:38

1.394Breath Volume 02:38

0.000Air Blank 02:39

0.081Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/13/2020 15:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001311CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:5412/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:48

21:20

Walton County SO

CAREY,ANDREW

07/09/2021

980558

Walton County SO

CAREY,ANDREW,S

RICHARDS

11/18/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:08

0.000Air Blank 22:08

0.081Control Test 22:09

0.000Air Blank 22:09

# 1Subject Sample 22:12 No Sample Provided

0.000Breath Volume 22:12

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2Subject Sample 22:18 No Sample Provided

0.000Breath Volume 22:18

0.000Air Blank 22:19

0.083Control Test 22:19

0.000Air Blank 22:19

OKDiagnostics Check 22:19

Data Download Date/Time: 12/13/2020 15:42

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:48:1212/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:56

13:22

Walton County SO

LETCHER,CROMWELL

03/05/2021

181692

FFWCC (Panama City)

DENNING,LUKE,

BOTT

12/13/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 15:41

0.000Air Blank 15:42

0.081Control Test 15:42

0.000Air Blank 15:43

# 1 0.073Subject Sample 15:43

3.902Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2 0.080Subject Sample 15:46

4.320Breath Volume 15:46

0.000Air Blank 15:47

0.078Control Test 15:47

0.000Air Blank 15:48

OKDiagnostics Check 15:48

Data Download Date/Time: 01/29/2021 09:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:13:2712/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

03:23

Walton County SO

CAREY,ANDREW

03/05/2021

181692

Walton County SO

CAREY,ANDREW,S

GAINER

12/13/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.080Control Test 05:05

0.000Air Blank 05:06

# 1 0.136Subject Sample 05:06

1.835Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.132Subject Sample 05:11

2.320Breath Volume 05:11

0.000Air Blank 05:12

0.080Control Test 05:12

0.000Air Blank 05:13

OKDiagnostics Check 05:13

Data Download Date/Time: 01/29/2021 09:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:1712/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:40

17:10

DeFuniak Springs PD

BOROS,CHUWAN

03/05/2021

181692

DeFuniak Springs PD

BOROS,CHUWAN,

BOUCHER

12/13/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:11

0.000Air Blank 19:11

0.079Control Test 19:11

0.000Air Blank 19:12

# 1 0.191Subject Sample 19:14

1.636Breath Volume 19:14

0.000Air Blank 19:15

0.000Air Blank 19:17

# 2 0.191Subject Sample 19:19

1.988Breath Volume 19:19

0.000Air Blank 19:20

0.078Control Test 19:20

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 01/29/2021 09:25

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:3912/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

22:51

Okeechobee County SO

ESQUIVEL,MISEI

01/15/2022

1076482

Okeechobee County SO

EQUIVEL,MISEI,

WRIGHT

11/17/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:59

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:00

# 1 0.000Subject Sample 00:01

1.398Breath Volume 00:01

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.000Subject Sample 00:04

1.214Breath Volume 00:04

0.000Air Blank 00:04

0.079Control Test 00:05

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 12/09/2020 09:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:1112/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:02

22:27

Okeechobee County SO

ESQUIVEL,MISEI

01/15/2022

1076482

Okeechobee County SO

ESQUIVEL,MISEI,

SANCHEZ

11/17/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

# 1 0.000Subject Sample 23:24

4.750Breath Volume 23:24

0.000Air Blank 23:25

0.000Air Blank 23:27

# 2 0.000Subject Sample 23:27

4.718Breath Volume 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 12/09/2020 09:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:23:4312/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:00

04:12

Okeechobee County SO

ESQUIVEL,MISEI

01/15/2022

1076482

Okeechobee County SO

ESQUIVEL,MISEI,

SLACK

11/17/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:21

0.080Control Test 05:21

0.000Air Blank 05:22

# 1Subject Sample 05:22 Subject Test Refused

0.000Breath Volume 05:22

0.000Air Blank 05:22

0.080Control Test 05:23

0.000Air Blank 05:23

OKDiagnostics Check 05:23

Data Download Date/Time: 12/09/2020 09:06

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:0212/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:26

02:08

Okeechobee County SO

ESQUIVEL,MISEI

01/15/2022

1076482

Okeechobee County SO

ESQUIVEL,MISEI,

OBRIEN

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:46

0.000Air Blank 02:46

0.080Control Test 02:47

0.000Air Blank 02:47

# 1 0.151Subject Sample 02:48

1.230Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.150Subject Sample 02:51

1.335Breath Volume 02:51

0.000Air Blank 02:52

0.080Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:53

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:1812/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:22

05:08

Okeechobee County SO

MURTAGH,ROBERT

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

ROBERTSON

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:43

0.000Air Blank 05:44

0.079Control Test 05:44

0.000Air Blank 05:44

# 1Subject Sample 05:45 Subject Test Refused

0.000Breath Volume 05:45

0.000Air Blank 05:46

0.079Control Test 05:46

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:1812/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:23

23:00

Okeechobee County SO

CAMINO,JEREMY

01/15/2022

1076482

Okeechobee County SO

ROGERS,DAVID,E

GARCIA

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:44

0.079Control Test 23:44

0.000Air Blank 23:45

# 1 0.173Subject Sample 23:45

2.031Breath Volume 23:45

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.170Subject Sample 23:48

1.562Breath Volume 23:48

0.000Air Blank 23:49

0.078Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:4712/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:47

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

ESTRELLA KADLEC

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.000Control Test 22:30 RFI Detect

0.000Air Blank 22:30

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:5012/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:09

21:47

Okeechobee County SO

POLLOCK,STEVEN

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

ESTRELLA KADLEC

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.080Control Test 22:33

0.000Air Blank 22:34

# 1 0.178Subject Sample 22:34

1.988Breath Volume 22:34

0.000Air Blank 22:35

0.000Air Blank 22:37

# 2 0.170Subject Sample 22:38

1.875Breath Volume 22:38

0.000Air Blank 22:38

0.081Control Test 22:39

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:5812/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:59

03:29

Okeechobee County SO

WENRICK,NOAH

01/15/2022

1076482

Okeechobee County SO

POLLOCK,STEVEN,D

ALDRIDGE

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:21

# 1Subject Sample 04:21 Subject Test Refused

0.000Breath Volume 04:21

0.000Air Blank 04:22

0.080Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:4412/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:54

Okeechobee County SO

WILLIAMS,MARC

01/15/2022

1076482

Okeechobee County SO

CALCAGNO,MERCEDES,T

BAZA URBINA

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.080Control Test 23:31

0.000Air Blank 23:32

# 1 0.000Subject Sample 23:32

2.527Breath Volume 23:32

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.000Subject Sample 23:35

2.484Breath Volume 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:0212/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:34

Okeechobee County SO

BROUGHTON,ROBERT

01/15/2022

1076482

Okeechobee County SO

MAJERE,ARIC,

JUAREZ-GONZALEZ

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.080Control Test 19:40

0.000Air Blank 19:41

# 1 0.163Subject Sample 19:42

1.343Breath Volume 19:42

0.000Air Blank 19:43

0.000Air Blank 19:44

# 2 0.169Subject Sample 19:45

2.300Breath Volume 19:45

0.000Air Blank 19:46

0.080Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:47

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:4412/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

02:21

Okeechobee County SO

VARNADORE,RICHARD

01/15/2022

1076482

Okeechobee County SO

MAJERE,ARIC,

CAMPBELL

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:58

0.080Control Test 02:58

0.000Air Blank 02:59

# 1 0.124Subject Sample 02:59

2.707Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.109Subject Sample 03:02

1.480Breath Volume 03:02

0.000Air Blank 03:02

0.080Control Test 03:03

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:33:3212/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

00:49

Okeechobee County SO

GREIS,B

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

BANUELOS

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:28

# 1 0.261Subject Sample 01:29

2.339Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.261Subject Sample 01:32

2.113Breath Volume 01:32

0.000Air Blank 01:32

0.080Control Test 01:32

0.000Air Blank 01:33

OKDiagnostics Check 01:33

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001320CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:31:2012/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:51

Okeechobee County SO

VARNADORE,RICHARD

01/15/2022

1076482

Okeechobee County SO

CALCAGNO,MERCEDES,T

BRITO

12/09/2020

8100.27

OKEECHOBEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:29

0.079Control Test 00:29

0.000Air Blank 00:29

# 1Subject Sample 00:29 Subject Test Refused

0.000Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:31

OKDiagnostics Check 00:31

Data Download Date/Time: 01/05/2021 05:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:0712/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:25

01:51

Port St. Lucie PD

CRAWFORD,BRENT

11/05/2022

24620080A3

Port St. Lucie PD

MCINERNEY,JESSE,L

RIVERA

11/30/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:54

# 1 0.060Subject Sample 02:55

1.378Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:57

# 2 0.058Subject Sample 02:58

1.921Breath Volume 02:58

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 01/04/2021 13:55

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:58:3812/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

15:39

Port St. Lucie PD

VEGA,BRENNA

11/05/2022

24620080A3

Port St. Lucie PD

GARCIA,SALVADOR,

VINAS

11/30/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:51

0.081Control Test 16:51

0.000Air Blank 16:51

# 1 0.228Subject Sample 16:53

1.738Breath Volume 16:53

0.000Air Blank 16:53

0.000Air Blank 16:55

# 2 0.229Subject Sample 16:56

2.128Breath Volume 16:56

0.000Air Blank 16:57

0.078Control Test 16:58

0.000Air Blank 16:58

OKDiagnostics Check 16:58

Data Download Date/Time: 01/04/2021 13:55

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:04:0612/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:04

Port St. Lucie PD

TOMCZYK,NIKAI

11/05/2022

24620080A3

Port St. Lucie PD

IANNONE,JOSEPH,V

ENAMORADO

11/30/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:02

0.000Air Blank 06:03

0.081Control Test 06:03

Air Blank 06:03 RFI Detect

0.000Air Blank 06:04

Data Download Date/Time: 01/04/2021 13:55

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:14:2112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:36

05:04

Port St. Lucie PD

TOMCZYK,NIKAI

11/05/2022

24620080A3

Port St. Lucie PD

IANNONE,JOSEPH,V

ENAMORADO

11/30/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:07

0.081Control Test 06:07

0.000Air Blank 06:08

# 1 0.251Subject Sample 06:08

1.121Breath Volume 06:08

0.000Air Blank 06:09

0.000Air Blank 06:11

# 2Subject Sample 06:12 Subject Test Refused

0.234Breath Volume 06:12

0.000Air Blank 06:13

0.080Control Test 06:13

0.000Air Blank 06:14

OKDiagnostics Check 06:14

Data Download Date/Time: 01/04/2021 13:55

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5912/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:45

Indian River Co SO

BORJAS,N

03/19/2023

1298240

Indian River Co SO

WHILE,C,

JONES

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:15

0.079Control Test 00:15

0.000Air Blank 00:15

# 1 0.103Subject Sample 00:17

1.417Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.105Subject Sample 00:20

1.296Breath Volume 00:20

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

OKDiagnostics Check 00:35

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:4312/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

02:44

Indian River Co SO

CASTANO,C

03/19/2023

1298240

Indian River Co SO

CINTRON,J,

MAZZARELLA

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.079Control Test 04:12

0.000Air Blank 04:13

# 1 0.213Subject Sample 04:16 Volume Not Met

0.757Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:18

# 2Subject Sample 04:21 Subject Test Refused

0.125Breath Volume 04:21

0.000Air Blank 04:21

0.076Control Test 04:22

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:2812/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

18:40

Indian River Co SO

FARINARCI,D

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

PINTO

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.079Control Test 20:38

0.000Air Blank 20:38

# 1Subject Sample 20:39 Subject Test Refused

0.000Breath Volume 20:39

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:3712/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

19:48

Indian River Co SO

MCKENZIE,B

03/19/2023

1298240

Sebastian PD

SIGNORELLI,A,

DILLON

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

# 1 0.086Subject Sample 21:13

1.152Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:15

# 2 0.086Subject Sample 21:17

1.500Breath Volume 21:17

0.000Air Blank 21:17

0.079Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:35:4812/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:44

Indian River Co SO

MCKENZIE,B

03/19/2023

1298240

Sebastian PD

CINTRON,J,

SANTIAGO

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:32

0.000Air Blank 02:33

0.078Control Test 02:33

0.000Air Blank 02:34

# 1Subject Sample 02:34 Subject Test Refused

0.000Breath Volume 02:34

0.000Air Blank 02:34

0.079Control Test 02:35

0.000Air Blank 02:35

OKDiagnostics Check 02:35

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:5112/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

23:03

Indian River Co SO

NIEVES,L

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

LANE

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1Subject Sample 23:43 Subject Test Refused

0.000Breath Volume 23:43

0.000Air Blank 23:43

0.079Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:4212/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:52

18:46

Indian River Co SO

GAST,E

03/19/2023

1298240

Indian River Co SO

WHILE,C,

BAILEY

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:12

0.000Air Blank 20:13

0.079Control Test 20:13

0.000Air Blank 20:14

# 1 0.141Subject Sample 20:15

1.562Breath Volume 20:15

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.140Subject Sample 20:18

1.257Breath Volume 20:18

0.000Air Blank 20:18

0.080Control Test 20:19

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:2412/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:15

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

SHANABERGER

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:16

0.000Air Blank 23:17

0.079Control Test 23:17

0.000Air Blank 23:17

# 1 0.176Subject Sample 23:20

1.242Breath Volume 23:20

0.000Air Blank 23:21

0.000Air Blank 23:23

# 2 0.138Subject Sample 23:26 Volume Not Met

0.605Breath Volume 23:26

0.000Air Blank 23:26

0.000Air Blank 23:28

# 3Subject Sample 23:29 Subject Test Refused

0.000Breath Volume 23:29

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:30

OKDiagnostics Check 23:30

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:03:2012/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:14

Indian River Co SO

RUIZ,M

03/19/2023

1298240

Indian River Co SO

KING,SHAKAYLA,

FIORELLA

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:00

0.080Control Test 03:01

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.079Control Test 03:02

0.000Air Blank 03:03

OKDiagnostics Check 03:03

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:41:2612/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:17

Indian River Co SO

RUIZ,M

03/19/2023

1298240

Indian River Co SO

KING,SHAKAYLA,

JUDAH

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:38

0.000Air Blank 02:39

0.080Control Test 02:39

0.000Air Blank 02:39

# 1Subject Sample 02:40 Subject Test Refused

0.000Breath Volume 02:40

0.000Air Blank 02:40

0.080Control Test 02:40

0.000Air Blank 02:41

OKDiagnostics Check 02:41

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:4112/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:06

Vero Beach PD

OOLEY,JAMES

03/19/2023

1298240

Vero Beach PD

OOLEY,JAMES,W

OWENS

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:06

Air Blank 03:06 RFI Detect

Air Blank 03:06 RFI Detect

Data Download Date/Time: 01/08/2021 13:53

08 March 2021

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0812/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:06

Vero Beach PD

OOLEY,JAMES

03/19/2023

1298240

Vero Beach PD

OOLEY,JAMES,W

OWENS

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.000Control Test 03:09 RFI Detect

Air Blank 03:09 RFI Detect

Data Download Date/Time: 01/08/2021 13:53

08 March 2021

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:5512/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:06

Vero Beach PD

OOLEY,JAMES

03/19/2023

1298240

Vero Beach PD

OOLEY,JAMES,W

OWENS

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.098Subject Sample 03:13

1.511Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.105Subject Sample 03:16

2.578Breath Volume 03:16

0.000Air Blank 03:16

0.078Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:2512/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:48

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

RUDOLPH,B,D

CHARLES

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:01

0.000Air Blank 04:01

0.080Control Test 04:02

0.000Air Blank 04:02

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:03

0.079Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2812/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:51

Indian River Co SO

HOILETT,D

03/19/2023

1298240

Indian River Co SO

KEARSE,A,

ZOLL

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:43

0.079Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.079Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:5412/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:19

23:57

Vero Beach PD

OOLEY,JAMES

03/19/2023

1298240

Vero Beach PD

OOLEY,JAMES,W

GAYETTA

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:41

0.000Air Blank 00:41

0.079Control Test 00:42

0.000Air Blank 00:42

# 1 0.138Subject Sample 00:44

2.007Breath Volume 00:44

0.000Air Blank 00:45

0.000Air Blank 00:46

# 2 0.135Subject Sample 00:47

1.878Breath Volume 00:47

0.000Air Blank 00:47

0.077Control Test 00:48

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:5512/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:24

04:03

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

CINTRON,JOSE,

ROSALES-LOPEZ

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:01

0.000Air Blank 05:01

0.079Control Test 05:01

0.000Air Blank 05:02

# 1Subject Sample 05:02 Subject Test Refused

0.000Breath Volume 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:10:5112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:12

Indian River Co SO

EARMAN,S

03/19/2023

1298240

Indian River Co SO

HOLIDAY,LATONYA,A

JEPSON

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:01

# 1 0.009Subject Sample 15:05 Volume Not Met

0.035Breath Volume 15:05

0.000Air Blank 15:05

0.000Air Blank 15:07

# 2Subject Sample 15:09 RFI Detect

0.089Breath Volume 15:09

0.000Air Blank 15:09

0.078Control Test 15:10

0.000Air Blank 15:10

OKDiagnostics Check 15:10

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:16:4812/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:12

Indian River Co SO

EARMAN,S

03/19/2023

1298240

Indian River Co SO

HOLIDAY,LATONYA,A

JEPSON

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:13

0.000Air Blank 15:13

0.078Control Test 15:13

0.000Air Blank 15:14

# 1Subject Sample 15:15 Subject Test Refused

0.000Breath Volume 15:15

0.000Air Blank 15:15

0.079Control Test 15:16

0.000Air Blank 15:16

OKDiagnostics Check 15:16

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:4212/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

17:47

Vero Beach PD

AGUILAR,RODRIGO

03/19/2023

1298240

Vero Beach PD

SHAW,NICHOLAS,C

MATEO

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:20

0.000Air Blank 18:20

0.078Control Test 18:21

0.000Air Blank 18:21

# 1 0.261Subject Sample 18:22

2.074Breath Volume 18:22

0.000Air Blank 18:23

0.000Air Blank 18:24

# 2Subject Sample 18:25 Slope Not Met

1.136Breath Volume 18:25

0.000Air Blank 18:25

0.078Control Test 18:26

0.000Air Blank 18:26

OKDiagnostics Check 18:26

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:0812/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:57

17:47

Vero Beach PD

AGUILAR,RODRIGO

03/19/2023

1298240

Vero Beach PD

SHAW,NICHOLAS,C

MATEO

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:29

0.000Air Blank 18:29

0.079Control Test 18:30

0.000Air Blank 18:30

# 1 0.270Subject Sample 18:31

1.429Breath Volume 18:31

0.000Air Blank 18:31

0.000Air Blank 18:33

# 2 0.255Subject Sample 18:34

1.824Breath Volume 18:34

0.000Air Blank 18:35

0.079Control Test 18:35

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:2712/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

19:24

Indian River Co SO

ANTOSIA,E

03/19/2023

1298240

Sebastian PD

HISS,J,M

ZODA

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.079Control Test 21:10

0.000Air Blank 21:11

# 1 0.000Subject Sample 21:12

2.546Breath Volume 21:12

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.000Subject Sample 21:15

5.156Breath Volume 21:15

0.000Air Blank 21:15

0.079Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:1412/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:52

Indian River Co SO

HATTON,N

03/19/2023

1298240

Indian River Co SO

CINTRON,J,

REDDY

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:01

0.000Air Blank 01:01

0.079Control Test 01:02

0.000Air Blank 01:02

# 1Subject Sample 01:03 Subject Test Refused

0.000Breath Volume 01:03

0.000Air Blank 01:04

0.078Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:0012/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:51

20:22

Indian River Co SO

CASTANO,C

03/19/2023

1298240

Indian River Co SO

HISS,J,M

DESMOND

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.079Control Test 21:20

0.000Air Blank 21:20

# 1 0.000Subject Sample 21:21

1.437Breath Volume 21:21

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2 0.000Subject Sample 21:24

2.453Breath Volume 21:24

0.000Air Blank 21:25

0.079Control Test 21:25

0.000Air Blank 21:25

OKDiagnostics Check 21:26

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2312/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:36

Vero Beach PD

DOTY,JAMES

03/19/2023

1298240

Vero Beach PD

BEACHEM,ROBERT,S

BEACHEM

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.079Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:28 No Sample Provided

0.000Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:58:1412/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:07

Indian River Co SO

BORJAS,N

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

MARTIN

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:51

# 1 0.173Subject Sample 19:52

1.609Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.179Subject Sample 19:56

1.292Breath Volume 19:56

0.000Air Blank 19:57

0.079Control Test 19:57

0.000Air Blank 19:58

OKDiagnostics Check 19:58

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:38:4612/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:58

Indian River Co SO

MCKENZIE,B

03/19/2023

1298240

Sebastian PD

RUDOLPH,B,D

PERRY

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.080Control Test 03:32

0.000Air Blank 03:33

# 1 0.183Subject Sample 03:33

2.410Breath Volume 03:33

0.000Air Blank 03:34

0.000Air Blank 03:36

# 2 0.182Subject Sample 03:37

2.078Breath Volume 03:37

0.000Air Blank 03:37

0.079Control Test 03:38

0.000Air Blank 03:38

OKDiagnostics Check 03:38

Data Download Date/Time: 01/08/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:3112/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

03:11

FHP Troop L

BROWN,CODY

03/19/2023

1298240

FHP Troop L

BROWN,CODY,L

COLLINS

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:47

0.000Air Blank 03:47

# 1 0.111Subject Sample 03:48

2.304Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.105Subject Sample 03:51

1.613Breath Volume 03:51

0.000Air Blank 03:51

0.078Control Test 03:51

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3612/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:11

Vero Beach PD

LUNA,ARTURO

03/19/2023

1298240

Vero Beach PD

FONSECA,GIOVANNY,

HUNTER

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.079Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:38 Subject Test Refused

0.000Breath Volume 20:38

0.000Air Blank 20:38

0.079Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:2712/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:50

16:08

Indian River Co SO

MARINE,T

03/19/2023

1298240

Sebastian PD

WHILE,C,

CALDWELL

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:22

0.079Control Test 17:23

0.000Air Blank 17:23

# 1 0.191Subject Sample 17:24

1.542Breath Volume 17:24

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.192Subject Sample 17:27

1.976Breath Volume 17:27

0.000Air Blank 17:28

0.078Control Test 17:28

0.000Air Blank 17:29

OKDiagnostics Check 17:29

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:3212/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

12:26

Vero Beach PD

OOLEY,JAMES

03/19/2023

1298240

Vero Beach PD

OOLEY,JAMES,W

DELLER

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.080Control Test 01:29

0.000Air Blank 01:30

# 1 0.221Subject Sample 01:31

1.574Breath Volume 01:31

0.000Air Blank 01:32

0.000Air Blank 01:33

# 2 0.206Subject Sample 01:34

1.953Breath Volume 01:34

0.000Air Blank 01:35

0.077Control Test 01:35

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:3512/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:37

Indian River Co SO

EGGERS,R

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

HYATT

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:21

0.000Air Blank 20:22

0.079Control Test 20:22

0.000Air Blank 20:22

# 1Subject Sample 20:23 Subject Test Refused

0.000Breath Volume 20:23

0.000Air Blank 20:23

0.079Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:39:3412/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:20

Indian River Co SO

RUIZ,M

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

RODRIGUES

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.079Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:38 Subject Test Refused

0.000Breath Volume 22:38

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

OKDiagnostics Check 22:39

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0612/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:02

Indian River Co SO

RODRIGUEZ,A

03/19/2023

1298240

FHP Troop K

SIGNORELLI,A,

TORRES

12/11/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:36

0.079Control Test 23:36

0.000Air Blank 23:37

# 1 0.177Subject Sample 23:37

2.859Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:40

# 2 0.169Subject Sample 23:41

2.621Breath Volume 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 01/08/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:5412/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:51

Indian River Co SO

HATTON,N

03/19/2023

1298240

Indian River Co SO

GRANDY,KEVIN,

COUTARD

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:38

0.000Air Blank 02:38

0.079Control Test 02:38

0.000Air Blank 02:39

# 1Subject Sample 02:39 Subject Test Refused

0.000Breath Volume 02:39

0.000Air Blank 02:39

0.080Control Test 02:40

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:24:0812/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:50

13:21

Indian River Co SO

JAWORSKI,KEVIN

03/19/2023

1298240

Indian River Co SO

KANE,JAMES,G

CAMPBELL

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:18

0.000Air Blank 14:18

0.081Control Test 14:18

0.000Air Blank 14:19

# 1 0.000Subject Sample 14:19

1.898Breath Volume 14:19

0.000Air Blank 14:20

0.000Air Blank 14:22

# 2 0.000Subject Sample 14:22

2.378Breath Volume 14:22

0.000Air Blank 14:23

0.080Control Test 14:23

0.000Air Blank 14:24

OKDiagnostics Check 14:24

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:3712/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:34

Indian River Co SO

HOILETT,D

03/19/2023

1298240

Indian River Co SO

WOOD,THERESA,K

HILLARY

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:18

# 1 0.000Subject Sample 23:19

2.035Breath Volume 23:19

0.000Air Blank 23:19

0.000Air Blank 23:21

# 2 0.000Subject Sample 23:22

2.597Breath Volume 23:22

0.000Air Blank 23:22

0.081Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:1512/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:53

Indian River Co SO

MCKENZIE,BRANDON

03/19/2023

1298240

Sebastian PD

KING,SHAKAYLA,

CHEEK

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:47

0.000Air Blank 02:47

0.080Control Test 02:48

0.000Air Blank 02:48

# 1Subject Sample 02:48 Subject Test Refused

0.000Breath Volume 02:48

0.000Air Blank 02:49

0.080Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:4112/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:50

Indian River Co SO

DAUGHTREY,M

03/19/2023

1298240

Indian River Co SO

RODRIGUEZ,MAEGAN,R

LODES

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:34

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

# 1 0.242Subject Sample 18:35

1.187Breath Volume 18:35

0.000Air Blank 18:36

0.000Air Blank 18:38

# 2 0.244Subject Sample 18:39

1.238Breath Volume 18:39

0.000Air Blank 18:39

0.078Control Test 18:40

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:0612/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:37

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

WHILE,C,

LORENZI

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:24

0.000Air Blank 23:24

0.079Control Test 23:25

0.000Air Blank 23:25

# 1 0.188Subject Sample 23:28 Volume Not Met

0.800Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:31

# 2Subject Sample 23:32 Subject Test Refused

0.414Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:3912/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:36

Indian River Co SO

MCKENZIE,B

03/19/2023

1298240

Sebastian PD

RUDOLPH,B,D

TYSON

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:17

0.078Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:18 Subject Test Refused

0.000Breath Volume 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:0112/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:15

Indian River Co SO

HOLYCROSS,KENDALL

03/19/2023

1298240

Indian River Co SO

KING,SHAKAYLA,

BROWN

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.079Control Test 03:20

0.000Air Blank 03:21

# 1 0.000Subject Sample 03:21

3.007Breath Volume 03:21

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2 0.000Subject Sample 03:24

3.023Breath Volume 03:24

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:25

OKDiagnostics Check 03:26

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:0212/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:41

04:26

Indian River Co SO

MANGEL,M

03/19/2023

1298240

Indian River Co SO

CINTRON,J,

TAYLOR

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.080Control Test 05:08

0.000Air Blank 05:09

# 1Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:11

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:56:3812/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:03

09:13

Indian River Co SO

JAWORSKI,K

03/19/2023

1298240

Indian River Co SO

PLASSE,RAYMOND,J

MC LAUGHLIN

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:49

0.000Air Blank 10:50

0.079Control Test 10:50

0.000Air Blank 10:50

# 1 0.000Subject Sample 10:52

4.296Breath Volume 10:52

0.000Air Blank 10:52

0.000Air Blank 10:54

# 2 0.000Subject Sample 10:55

4.484Breath Volume 10:55

0.000Air Blank 10:55

0.079Control Test 10:56

0.000Air Blank 10:56

OKDiagnostics Check 10:56

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1112/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

18:56

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

RUDLPH,B,D

GARCIA-HURTADO

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.080Control Test 20:05

0.000Air Blank 20:06

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:07

0.080Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:0212/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

01:57

Indian River Co SO

MAGUIRE,M

03/19/2023

1298240

Indian River Co SO

GRANDY,KEVIN,

KNIGHT

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.185Subject Sample 03:37

2.804Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:39

# 2 0.181Subject Sample 03:40

2.121Breath Volume 03:40

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:42

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:5012/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:52

Indian River Co SO

YORK,J

03/19/2023

1298240

Indian River Co SO

SIGNORELLI,A,

GODINEZ

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.081Control Test 22:46

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:4612/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:30

Indian River Co SO

RUIZ,M

03/19/2023

1298240

Indian River Co SO

GRANDY,KEVIN,

ERCOLINO

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.080Control Test 00:22

0.000Air Blank 00:23

# 1 0.087Subject Sample 00:24

2.394Breath Volume 00:24

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.083Subject Sample 00:27

2.113Breath Volume 00:27

0.000Air Blank 00:27

0.080Control Test 00:28

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:14:5112/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

23:24

Indian River Co SO

CASTANO,C

03/19/2023

1298240

Indian River Co SO

CINTRON,J,

BALDONADO HERNANDEZ

11/08/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:07

0.000Air Blank 02:07

0.080Control Test 02:08

0.000Air Blank 02:08

# 1 0.151Subject Sample 02:10

1.175Breath Volume 02:10

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.156Subject Sample 02:13

2.468Breath Volume 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

OKDiagnostics Check 02:14

Data Download Date/Time: 12/11/2020 11:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4012/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:06

DeSoto County SO

BIERMAN,BRANDON

11/05/2021

24119080A1

DeSoto County SO

MASSEY,DARRELL,L

CARRASCO-MONCADA

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.080Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:5312/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:15

09:40

DeSoto County SO

DUMSER,ALAN

11/05/2021

24119080A1

Arcadia PD

VEGA,JASON,

ADAMS

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:47

0.000Air Blank 10:47

0.081Control Test 10:47

0.000Air Blank 10:48

# 1Subject Sample 10:48 Subject Test Refused

0.000Breath Volume 10:48

0.000Air Blank 10:49

0.081Control Test 10:49

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:5312/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:37

07:17

DeSoto County SO

BATES,JOBIE

11/05/2021

24119080A1

Arcadia PD

VEGA,JASON,

JUAREZ

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:04

0.000Air Blank 08:05

0.079Control Test 08:05

0.000Air Blank 08:05

# 1 0.179Subject Sample 08:06

2.390Breath Volume 08:06

0.000Air Blank 08:07

0.000Air Blank 08:08

# 2 0.186Subject Sample 08:09

1.656Breath Volume 08:09

0.000Air Blank 08:10

0.079Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:10:5312/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:39

12:21

DeSoto County SO

STRUBE,SAMUEL

11/05/2021

24119080A1

DeSoto County SO

VEGA,JASON,

MAHONEY

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:03

0.000Air Blank 13:04

0.078Control Test 13:04

0.000Air Blank 13:04

# 1 0.270Subject Sample 13:06

1.433Breath Volume 13:06

0.000Air Blank 13:06

0.000Air Blank 13:08

# 2 0.271Subject Sample 13:09

1.832Breath Volume 13:09

0.000Air Blank 13:09

0.074Control Test 13:10 Control Outside Tolerance

0.000Air Blank 13:10

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:3412/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:13

DeSoto County SO

MATOS,FRANK

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

FORT

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1 0.180Subject Sample 23:02

1.535Breath Volume 23:02

0.000Air Blank 23:02

0.000Air Blank 23:04

# 2 0.182Subject Sample 23:05

2.773Breath Volume 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0712/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:29

DeSoto County SO

CARROLL,STEVE

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

PUPUL

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:4512/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:52

01:17

DeSoto County SO

SANTANA,ELIO

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

GALE

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.081Control Test 02:14

0.000Air Blank 02:14

# 1 0.184Subject Sample 02:15

2.675Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.176Subject Sample 02:18

1.785Breath Volume 02:18

0.000Air Blank 02:18

0.080Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:02:2112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:07

DeSoto County SO

MARINO,WARREN

11/05/2021

24119080A1

DeSoto County SO

DAWKINS,COLBEY,M

MAMON

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:59

0.000Air Blank 20:00

0.080Control Test 20:00

0.000Air Blank 20:00

# 1Subject Sample 20:01 Subject Test Refused

0.000Breath Volume 20:01

0.000Air Blank 20:01

0.081Control Test 20:01

0.000Air Blank 20:02

OKDiagnostics Check 20:02

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:4912/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:26

19:50

DeSoto County SO

DANESE,NICHOLAS

11/05/2021

24119080A1

DeSoto County SO

DITTMAN,LAVERNE,T

VAN HOOSE

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:52

0.000Air Blank 20:52

0.080Control Test 20:52

0.000Air Blank 20:53

# 1Subject Sample 20:53 Subject Test Refused

0.000Breath Volume 20:53

0.000Air Blank 20:53

0.081Control Test 20:54

0.000Air Blank 20:54

OKDiagnostics Check 20:54

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:3412/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

22:09

DeSoto County SO

TRUILLO VARGAS,EDUARDO

11/05/2021

24119080A1

DeSoto County SO

MASSEY,DARRELL,L

LOPEZ CRUZ

11/24/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:08

0.081Control Test 05:09

0.000Air Blank 05:09

# 1 0.225Subject Sample 05:10

2.515Breath Volume 05:10

0.000Air Blank 05:10

0.000Air Blank 05:12

# 2 0.212Subject Sample 05:13

3.128Breath Volume 05:13

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 12/22/2020 08:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:37:1312/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:05

19:36

DeSoto County SO

MORRIS,JACK

11/05/2021

24119080A1

DeSoto County SO

ORTIZ,ROBERTO,R

GONZALEZ

12/21/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:34

0.000Air Blank 20:34

0.081Control Test 20:35

0.000Air Blank 20:35

# 1Subject Sample 20:35 Subject Test Refused

0.000Breath Volume 20:35

0.000Air Blank 20:36

0.081Control Test 20:36

0.000Air Blank 20:37

OKDiagnostics Check 20:37

Data Download Date/Time: 01/28/2021 07:20

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5012/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:16

19:55

DeSoto County SO

CARROLL,STEVE

11/05/2021

24119080A1

Arcadia PD

DAVIS,JOHN,P

SUNDAY

12/21/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.081Control Test 21:21

0.000Air Blank 21:21

# 1Subject Sample 21:21 Subject Test Refused

0.000Breath Volume 21:21

0.000Air Blank 21:22

21:22 RFI Detect

0.000Air Blank 21:22

Data Download Date/Time: 01/28/2021 07:20

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:3412/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:51

22:51

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

KENNEDY

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.078Control Test 00:13

0.000Air Blank 00:13

# 1 0.280Subject Sample 00:14

1.937Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.272Subject Sample 00:17

1.578Breath Volume 00:17

0.000Air Blank 00:17

0.078Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:5512/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

22:45

Sarasota County SO

NELSON,ANDREW

07/05/2022

14020080A1

Venice PD

MITCHELL,N,N

ENGLISH

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.257Subject Sample 00:32

1.441Breath Volume 00:32

0.000Air Blank 00:33

0.000Air Blank 00:35

# 2 0.266Subject Sample 00:35

1.507Breath Volume 00:35

0.000Air Blank 00:36

0.076Control Test 00:36

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:27:5412/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:12

14:50

Sarasota County SO

GRIFFIN,OFC

07/05/2022

14020080A1

Sarasota PD

LUBRANO,DEPUTY,

MURPHY

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:21

0.000Air Blank 16:22

0.079Control Test 16:22

0.000Air Blank 16:23

# 1 0.000Subject Sample 16:23

1.531Breath Volume 16:23

0.000Air Blank 16:23

0.000Air Blank 16:25

# 2 0.000Subject Sample 16:26

1.722Breath Volume 16:26

0.000Air Blank 16:27

0.079Control Test 16:27

0.000Air Blank 16:27

OKDiagnostics Check 16:27

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0812/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

03:30

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

WENDORFF

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.079Control Test 04:16

0.000Air Blank 04:17

# 1 0.209Subject Sample 04:17

4.097Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.211Subject Sample 04:20

4.054Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:40:0512/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:13

17:26

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

PATEL

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:33

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

# 1 0.117Subject Sample 18:35

1.210Breath Volume 18:35

0.000Air Blank 18:35

0.000Air Blank 18:37

# 2 0.126Subject Sample 18:38

1.500Breath Volume 18:38

0.000Air Blank 18:39

0.079Control Test 18:39

0.000Air Blank 18:40

OKDiagnostics Check 18:40

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:4712/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:20

Sarasota County SO

MILLER,DEP R

07/05/2022

14020080A1

Sarasota County SO

MILLER,DEP,R

DE FREITAS

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

# 1 0.120Subject Sample 23:04

4.144Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:06

# 2 0.120Subject Sample 23:07

4.246Breath Volume 23:07

0.000Air Blank 23:07

0.079Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:2612/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:20

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

VIGIL

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:11

0.000Air Blank 23:11

0.080Control Test 23:12

0.000Air Blank 23:12

# 1 0.046Subject Sample 23:13

1.523Breath Volume 23:13

0.000Air Blank 23:13

0.000Air Blank 23:15

# 2 0.043Subject Sample 23:15

1.632Breath Volume 23:15

0.000Air Blank 23:16

0.080Control Test 23:16

0.000Air Blank 23:17

OKDiagnostics Check 23:17

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:4612/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:40

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

BURDETTE

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:19

0.077Control Test 20:19

0.000Air Blank 20:20

# 1 0.207Subject Sample 20:20

1.636Breath Volume 20:20

0.000Air Blank 20:21

0.000Air Blank 20:22

# 2 0.195Subject Sample 20:23

1.398Breath Volume 20:23

0.000Air Blank 20:23

0.076Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 12/06/2020 07:21

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:0512/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

17:43

Sarasota County SO

BUEHLER,DEP

07/05/2022

14020080A1

Sarasota County SO

BUEHLER,DEP,M

GALLARDO

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:49

0.078Control Test 18:49

0.000Air Blank 18:49

# 1 0.292Subject Sample 18:52

1.328Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.301Subject Sample 18:55

1.523Breath Volume 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 12/09/2020 08:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2012/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:33

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

DISNEY

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.078Control Test 05:16

0.000Air Blank 05:17

# 1 0.201Subject Sample 05:17

1.988Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.202Subject Sample 05:20

2.804Breath Volume 05:20

0.000Air Blank 05:21

0.079Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 12/09/2020 08:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:1312/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:14

22:24

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

MECHNICK

11/30/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.079Control Test 23:35

0.000Air Blank 23:36

# 1 0.044Subject Sample 23:36

1.601Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.041Subject Sample 23:39

1.230Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 12/09/2020 08:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:1012/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:05

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

BIRDSONG

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

# 1 0.000Subject Sample 21:52

2.253Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.000Subject Sample 21:55

1.859Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 12/09/2020 08:59

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:2312/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:10

23:58

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

GREGOIRE

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:30

0.000Air Blank 00:30

0.078Control Test 00:31

0.000Air Blank 00:31

# 1 0.081Subject Sample 00:32

2.917Breath Volume 00:32

0.000Air Blank 00:32

0.000Air Blank 00:34

# 2 0.079Subject Sample 00:34

2.683Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:36

OKDiagnostics Check 00:36

Data Download Date/Time: 02/02/2021 14:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:4712/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:58

21:15

Sarasota County SO

BRENCKLE,DEP

07/05/2022

14020080A1

Sarasota County SO

BRENCKLE,DEP,T

KERNER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:33

0.079Control Test 22:34

0.000Air Blank 22:34

# 1 0.277Subject Sample 22:36

2.238Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:38

# 2 0.263Subject Sample 22:40

2.003Breath Volume 22:40

0.000Air Blank 22:40

0.079Control Test 22:41

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 02/02/2021 14:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:24:0312/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:57

03:21

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

KOWALCZYK

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:18

# 1 0.200Subject Sample 04:19

1.933Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.201Subject Sample 04:22

1.875Breath Volume 04:22

0.000Air Blank 04:23

0.079Control Test 04:23

0.000Air Blank 04:23

OKDiagnostics Check 04:24

Data Download Date/Time: 02/02/2021 14:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:0512/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

23:59

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

PRATER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:12

# 1 0.134Subject Sample 01:16 Volume Not Met

0.296Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.077Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 02/02/2021 14:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:36:0812/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:04

18:47

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

HOLWEGER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:24

0.000Air Blank 19:25

0.078Control Test 19:25

0.000Air Blank 19:25

# 1 0.000Subject Sample 19:29 Volume Not Met

0.000Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.141Subject Sample 19:34 Volume Not Met

0.027Breath Volume 19:34

0.000Air Blank 19:35

0.077Control Test 19:35

0.000Air Blank 19:36

OKDiagnostics Check 19:36

Data Download Date/Time: 02/02/2021 14:49

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:56:4612/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:55

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

KOVACS

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:50

0.000Air Blank 19:51

0.077Control Test 19:51

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:52

1.679Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:55

1.636Breath Volume 19:55

0.000Air Blank 19:55

0.078Control Test 19:56

0.000Air Blank 19:56

OKDiagnostics Check 19:56

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:3312/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:04

Sarasota County SO

GONZALEZ,G

07/05/2022

14020080A1

Sarasota PD

BILHARDT,DEP,K

LOPEZ OROZCO

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.079Control Test 00:05

0.000Air Blank 00:05

# 1 0.335Subject Sample 00:06

1.472Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.341Subject Sample 00:09

2.800Breath Volume 00:09

0.000Air Blank 00:09

0.078Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:1712/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:47

Sarasota County SO

BELL,D

07/05/2022

14020080A1

Sarasota County SO

BELL,D,

KOREC

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.078Control Test 02:53

0.000Air Blank 02:54

# 1 0.161Subject Sample 02:54

2.347Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.160Subject Sample 02:57

2.750Breath Volume 02:57

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:16:3312/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

01:46

Sarasota County SO

KLEIN,OFFICER

07/05/2022

14020080A1

North Port PD

SANDERS,DEPUTY,J

HOLSTEIN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:13

0.078Control Test 03:14

0.000Air Blank 03:14

# 1Subject Sample 03:15 Subject Test Refused

0.000Breath Volume 03:15

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

OKDiagnostics Check 03:16

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:5112/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

22:06

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

MCDANIEL

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.078Control Test 00:02

0.000Air Blank 00:02

# 1 0.082Subject Sample 00:04

1.429Breath Volume 00:04

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.080Subject Sample 00:07

1.496Breath Volume 00:07

0.000Air Blank 00:07

0.079Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:24:4512/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

15:33

North Port PD

NICK,A.

07/05/2022

14020080A1

North Port PD

NICK,A.,

MUSANTE

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:16

0.079Control Test 17:16

0.000Air Blank 17:17

# 1 0.169Subject Sample 17:20

1.484Breath Volume 17:20

0.000Air Blank 17:20

0.000Air Blank 17:22

# 2 0.172Subject Sample 17:23

1.914Breath Volume 17:23

0.000Air Blank 17:23

0.076Control Test 17:24

0.000Air Blank 17:24

OKDiagnostics Check 17:24

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:2712/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:32

Sarasota County SO

PRUMMELL,OFFICER

07/05/2022

14020080A1

Sarasota County SO

DIMITROV,OFFICER,

KAISER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.080Control Test 01:59

0.000Air Blank 02:00

# 1 0.202Subject Sample 02:00

1.394Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.209Subject Sample 02:03

1.835Breath Volume 02:03

0.000Air Blank 02:04

0.078Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:5412/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:40

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

GYSLER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:34

0.079Control Test 20:34

0.000Air Blank 20:35

# 1 0.315Subject Sample 20:35

1.945Breath Volume 20:35

0.000Air Blank 20:36

0.000Air Blank 20:38

# 2 0.316Subject Sample 20:38

2.101Breath Volume 20:38

0.000Air Blank 20:39

0.076Control Test 20:39

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:2512/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:23

Sarasota County SO

ACKLEY,M

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

AKAR

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.079Control Test 01:13

0.000Air Blank 01:14

# 1 0.193Subject Sample 01:14

1.382Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.203Subject Sample 01:17

1.925Breath Volume 01:17

0.000Air Blank 01:18

0.078Control Test 01:18

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:0312/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:39

Sarasota County SO

BEARDEN,OFC

07/05/2022

14020080A1

Sarasota PD

NAMORS,JASON,R

DEROSE

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.079Control Test 23:43

0.000Air Blank 23:43

# 1 0.245Subject Sample 23:44

1.375Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.240Subject Sample 23:48

1.304Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:50

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4912/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

23:37

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

CONN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:33

0.000Air Blank 00:33

0.079Control Test 00:34

0.000Air Blank 00:34

# 1 0.107Subject Sample 00:35

1.792Breath Volume 00:35

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.105Subject Sample 00:38

2.460Breath Volume 00:38

0.000Air Blank 00:38

0.079Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:2812/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:26

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

RINALDI

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.079Control Test 01:12

0.000Air Blank 01:13

# 1 0.000Subject Sample 01:16 Volume Not Met

0.980Breath Volume 01:16

0.000Air Blank 01:16

0.000Air Blank 01:18

# 2 0.000Subject Sample 01:19

2.601Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 3 0.000Subject Sample 01:22

2.640Breath Volume 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:1212/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:45

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

AVENDANO MARTINEZ

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:25

0.079Control Test 03:25

0.000Air Blank 03:26

# 1 0.137Subject Sample 03:26

2.441Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.136Subject Sample 03:29

2.835Breath Volume 03:29

0.000Air Blank 03:30

0.078Control Test 03:30

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:11:5912/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

16:10

Sarasota County SO

EVERETT,OFC

07/05/2022

14020080A1

FHP Troop F

RODRIGUEZ,DANIEL,

DROBINA

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:08

0.000Air Blank 18:08

0.079Control Test 18:09

0.000Air Blank 18:09

# 1Subject Sample 18:10 Subject Test Refused

0.000Breath Volume 18:10

0.000Air Blank 18:11

0.080Control Test 18:11

0.000Air Blank 18:11

OKDiagnostics Check 18:11

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:48:3312/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:20

12:20

FHP Troop F

CANTWELL,J

07/05/2022

14020080A1

FHP Troop F

CANTWELL,J,

MILLER

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:42

0.000Air Blank 13:42

0.078Control Test 13:43

0.000Air Blank 13:43

# 1 0.129Subject Sample 13:44

3.132Breath Volume 13:44

0.000Air Blank 13:44

0.000Air Blank 13:46

# 2 0.131Subject Sample 13:47

4.250Breath Volume 13:47

0.000Air Blank 13:47

0.078Control Test 13:47

0.000Air Blank 13:48

OKDiagnostics Check 13:48

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:2212/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

00:47

Sarasota County SO

BYINGTON,C

07/05/2022

14020080A1

North Port PD

ACKLEY,DEP,M

ANDERSON

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.079Control Test 02:05

0.000Air Blank 02:05

# 1 0.161Subject Sample 02:08

1.640Breath Volume 02:08

0.000Air Blank 02:08

0.000Air Blank 02:10

# 2 0.156Subject Sample 02:13 Volume Not Met

0.804Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:16

# 3 0.146Subject Sample 02:16

2.031Breath Volume 02:16

0.000Air Blank 02:17

0.082Control Test 02:17

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:1312/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:03

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

SCHUCHMANN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:09

0.000Air Blank 21:10

0.077Control Test 21:10

0.000Air Blank 21:10

# 1 0.255Subject Sample 21:11

2.125Breath Volume 21:11

0.000Air Blank 21:12

0.000Air Blank 21:14

# 2 0.252Subject Sample 21:14

1.773Breath Volume 21:14

0.000Air Blank 21:15

0.077Control Test 21:15

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0412/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:32

04:26

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

TAPIA

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:58

# 1 0.081Subject Sample 04:58

1.609Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:00

# 2 0.075Subject Sample 05:01

1.242Breath Volume 05:01

0.000Air Blank 05:02

0.079Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:38:4912/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:10

07:23

FHP Troop F

CANTWELL,J

07/05/2022

14020080A1

FHP Troop F

CANTWELL,J,

LONG

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:30

0.000Air Blank 08:30

0.079Control Test 08:31

0.000Air Blank 08:31

# 1 0.144Subject Sample 08:34 Volume Not Met

0.722Breath Volume 08:34

0.000Air Blank 08:35

0.000Air Blank 08:37

# 2Subject Sample 08:37 Subject Test Refused

0.000Breath Volume 08:37

0.000Air Blank 08:37

0.078Control Test 08:38

0.000Air Blank 08:38

OKDiagnostics Check 08:38

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:4412/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:35

Sarasota County SO

MARTIN,KYLE

07/05/2022

14020080A1

Sarasota County SO

MARTIN,DEPUTY,

NISSLEY

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:32

# 1 0.179Subject Sample 03:32

1.570Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.164Subject Sample 03:35

1.957Breath Volume 03:35

0.000Air Blank 03:35

0.079Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:12:4112/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:38

19:18

Sarasota County SO

BERINER,OFFICER

07/05/2022

14020080A1

Sarasota PD

BILHARDT,DEP,K

PHAGAN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:06

0.000Air Blank 20:06

0.079Control Test 20:07

0.000Air Blank 20:07

# 1 0.295Subject Sample 20:08

2.734Breath Volume 20:08

0.000Air Blank 20:08

0.000Air Blank 20:10

# 2 0.298Subject Sample 20:11

2.292Breath Volume 20:11

0.000Air Blank 20:11

0.079Control Test 20:12

0.000Air Blank 20:12

OKDiagnostics Check 20:12

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:4812/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:52

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

KELLEY

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.080Control Test 00:49

0.000Air Blank 00:49

# 1 0.162Subject Sample 00:52 Volume Not Met

0.156Breath Volume 00:52

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2Subject Sample 00:58 No Sample Provided

0.000Breath Volume 00:58

0.000Air Blank 00:58

0.077Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3112/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:18

Sarasota County SO

SANDERS,DEPUTY J

07/05/2022

14020080A1

Sarasota County SO

SANDERS,DEPUTY,J

CUTCHINEAL

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.079Control Test 00:53

0.000Air Blank 00:54

# 1Subject Sample 00:57 No Sample Provided

0.000Breath Volume 00:57

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2Subject Sample 01:03 No Sample Provided

0.000Breath Volume 01:03

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:3912/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:11

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

HALPIN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.123Subject Sample 01:15

1.695Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.118Subject Sample 01:18

1.777Breath Volume 01:18

0.000Air Blank 01:18

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001348CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:4012/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:23

Sarasota County SO

WATSON,D

07/05/2022

14020080A1

Sarasota County SO

WATSON,D,

KIRSTEN

12/08/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.078Control Test 03:57

0.000Air Blank 03:58

# 1 0.148Subject Sample 03:58

1.507Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.141Subject Sample 04:01

1.441Breath Volume 04:01

0.000Air Blank 04:01

0.079Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 02/02/2021 14:50

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:5512/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

12:40

Gainesville PD

BURWELL,MARK

01/05/2022

30219080A4

Gainesville PD

BURWELL,MARK,J

EDWARDS

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.130Subject Sample 01:35

1.753Breath Volume 01:35

0.000Air Blank 01:36

0.000Air Blank 01:37

# 2 0.123Subject Sample 01:38

1.632Breath Volume 01:38

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0912/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:17

Gainesville PD

MARTIN,CHANDLER

01/05/2022

30219080A4

Gainesville PD

MARTIN,CHANDLER,A

SIGMAN

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.080Control Test 23:07

0.000Air Blank 23:07

# 1 0.277Subject Sample 23:08

4.738Breath Volume 23:08

Air Blank 23:08 RFI Detect

Air Blank 23:09 RFI Detect

Air Blank 23:09 RFI Detect

Data Download Date/Time: 12/29/2020 20:58

08 March 2021

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:0212/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:17

Gainesville PD

MARTIN,CHANDLER

01/05/2022

30219080A4

Gainesville PD

MARTIN,CHANDLER,A

SIGMAN

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:12

0.079Control Test 23:13

0.000Air Blank 23:13

# 1 0.263Subject Sample 23:14

3.429Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:16

# 2 0.266Subject Sample 23:17

3.761Breath Volume 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:18

OKDiagnostics Check 23:19

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:3512/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

04:10

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

WELCH

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:15

0.000Air Blank 05:16

0.080Control Test 05:16

0.000Air Blank 05:17

# 1 0.126Subject Sample 05:18

2.023Breath Volume 05:18

0.000Air Blank 05:19

0.000Air Blank 05:21

# 2 0.123Subject Sample 05:23

1.843Breath Volume 05:23

0.000Air Blank 05:23

0.081Control Test 05:24

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:2912/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:34

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

BRUENING

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:24

0.000Air Blank 22:24

0.076Control Test 22:24

Air Blank 22:25 RFI Detect

0.000Air Blank 22:25

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:0712/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:10

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

BRUENING

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.076Control Test 22:28

0.000Air Blank 22:28

# 1 0.236Subject Sample 22:29

2.421Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.232Subject Sample 22:32

2.593Breath Volume 22:32

0.000Air Blank 22:33

0.075Control Test 22:33

0.000Air Blank 22:34

OKDiagnostics Check 22:34

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:1712/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:51

Gainesville PD

BOSTICK,JESSE

01/05/2022

30219080A4

Gainesville PD

REEVES,SARAH,P

FRASER

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.080Control Test 23:46

0.000Air Blank 23:47

# 1Subject Sample 23:50 No Sample Provided

0.000Breath Volume 23:50

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2Subject Sample 23:55 No Sample Provided

0.000Breath Volume 23:55

0.000Air Blank 23:56

0.081Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:2012/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:42

03:23

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

CLARK

11/25/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.080Control Test 04:03

0.000Air Blank 04:03

# 1Subject Sample 04:03 Subject Test Refused

0.000Breath Volume 04:03

0.000Air Blank 04:04

0.080Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 12/29/2020 20:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:5412/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:40

17:15

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

KIESZEK

12/29/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.078Control Test 18:01

0.000Air Blank 18:02

# 1 0.352Subject Sample 18:03

2.164Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.357Subject Sample 18:06

2.503Breath Volume 18:06

0.000Air Blank 18:06

0.077Control Test 18:07

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 02/03/2021 22:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:56:0212/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:28

04:59

Gainesville PD

GUYTON,JOHN

01/05/2022

30219080A4

Gainesville PD

GUYTON,JOHN,A

ASH

12/29/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:49

0.000Air Blank 05:50

0.079Control Test 05:50

0.000Air Blank 05:50

# 1 0.163Subject Sample 05:51

2.167Breath Volume 05:51

0.000Air Blank 05:52

0.000Air Blank 05:53

# 2 0.146Subject Sample 05:54

1.675Breath Volume 05:54

0.000Air Blank 05:55

0.078Control Test 05:55

0.000Air Blank 05:55

OKDiagnostics Check 05:56

Data Download Date/Time: 02/03/2021 22:46

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:1912/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:54

FHP Troop B

TAYLOR,SHANE

01/06/2022

AG000606

FHP Troop B

TAYLOR,SHANE,G

DENLEY

11/03/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:43

0.080Control Test 02:43

0.000Air Blank 02:44

# 1 0.156Subject Sample 02:44

3.691Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.155Subject Sample 02:47

3.441Breath Volume 02:47

0.000Air Blank 02:48

0.080Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/29/2020 12:52

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5712/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

19:19

Levy County SO

DOWLING,DAKOTA

01/06/2022

AG000606

Levy County SO

DOWLING,DAKOTA,A

PARTHREE

11/03/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:23

0.000Air Blank 21:24

0.081Control Test 21:24

0.000Air Blank 21:25

# 1Subject Sample 21:28 No Sample Provided

0.000Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2Subject Sample 21:31 Subject Test Refused

0.000Breath Volume 21:31

0.000Air Blank 21:32

0.081Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 12/29/2020 12:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:58:0912/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:00

FHP Troop B

BASS,JASON

01/06/2022

AG000606

FHP Troop B

BASS,JASON,P

CASSELS

12/24/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:57

Air Blank 05:57 RFI Detect

0.000Air Blank 05:58

Data Download Date/Time: 02/06/2021 17:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:02:3312/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:00

FHP Troop B

BASS,JASON

01/06/2022

AG000606

FHP Troop B

BASS,JASON,P

CASSELS

12/24/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:01

0.000Air Blank 06:01

0.081Control Test 06:01

Air Blank 06:02 RFI Detect

0.000Air Blank 06:02

Data Download Date/Time: 02/06/2021 17:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001365CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:0312/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:00

FHP Troop B

BASS,JASON

01/06/2022

AG000606

FHP Troop B

BASS,JASON,P

CASSELS

12/24/2020

8100.27

LEVY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:05

0.000Air Blank 06:06

0.081Control Test 06:06

0.000Air Blank 06:07

# 1 0.183Subject Sample 06:10 Volume Not Met

0.039Breath Volume 06:10

Air Blank 06:10 RFI Detect

0.000Air Blank 06:11

0.082Control Test 06:11

0.000Air Blank 06:11

OKDiagnostics Check 06:12

Data Download Date/Time: 02/06/2021 17:58

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:0612/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:47

21:08

Orange County SO

MAGUIRE,MICHAEL

05/05/2021

06419080A1

Central FL Univ PD

SKOWRONSKI,JEFFREY,J

CRUZ

11/05/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:10

0.000Air Blank 22:10

0.082Control Test 22:10

0.000Air Blank 22:11

# 1 0.188Subject Sample 22:11

2.210Breath Volume 22:11

0.000Air Blank 22:12

0.000Air Blank 22:14

# 2 0.185Subject Sample 22:14

2.828Breath Volume 22:14

0.000Air Blank 22:15

0.083Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 12/07/2020 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:1912/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

02:25

Orange County SO

HALL,ANDREW

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

LAHAIR

11/05/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.083Control Test 03:15

0.000Air Blank 03:15

# 1 0.122Subject Sample 03:19 Volume Not Met

0.511Breath Volume 03:19

0.000Air Blank 03:19

0.000Air Blank 03:21

# 2 0.145Subject Sample 03:24 Volume Not Met

0.382Breath Volume 03:24

0.000Air Blank 03:25

0.082Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/07/2020 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:42:2512/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:14

18:28

Orange County SO

HALL,ANDREW

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

BAEZPACHECO

11/05/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.083Control Test 20:37

0.000Air Blank 20:37

# 1 0.000Subject Sample 20:38

2.457Breath Volume 20:38

0.000Air Blank 20:38

0.000Air Blank 20:40

# 2 0.000Subject Sample 20:41

2.746Breath Volume 20:41

0.000Air Blank 20:41

0.082Control Test 20:41

0.000Air Blank 20:42

OKDiagnostics Check 20:42

Data Download Date/Time: 12/07/2020 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:1812/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:19

Orange County SO

DANCEL,KAREN

05/05/2021

06419080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

GRILLO

11/05/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:16

0.083Control Test 04:17

0.000Air Blank 04:17

# 1Subject Sample 04:17 Subject Test Refused

0.000Breath Volume 04:17

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 12/07/2020 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2412/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:36

Orange County SO

BOUTILLIER,CHRISTOPHER

05/05/2021

06419080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

SUTHERLIN

11/05/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.082Control Test 22:21

0.000Air Blank 22:21

# 1 0.190Subject Sample 22:24

1.160Breath Volume 22:24

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2 0.183Subject Sample 22:30 Volume Not Met

0.238Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:32

# 3 0.197Subject Sample 22:33

1.988Breath Volume 22:33

0.000Air Blank 22:34

0.079Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 12/07/2020 11:03

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0112/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:56

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

HAYWOOD

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:58

0.000Air Blank 22:59

0.082Control Test 22:59

0.000Air Blank 22:59

# 1 0.159Subject Sample 23:02

2.031Breath Volume 23:02

0.000Air Blank 23:03

0.000Air Blank 23:05

# 2 0.150Subject Sample 23:07

1.378Breath Volume 23:07

0.000Air Blank 23:08

0.081Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:09

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:19:5212/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:37

05:07

Orange County SO

WATKINS,ROMAN

05/05/2021

06419080A1

OTHER Local

NERVAIS,TABITHA,J

MORRIS

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:13

0.000Air Blank 06:14

0.082Control Test 06:14

0.000Air Blank 06:14

# 1 0.241Subject Sample 06:15

2.941Breath Volume 06:15

0.000Air Blank 06:16

0.000Air Blank 06:17

# 2 0.245Subject Sample 06:18

3.113Breath Volume 06:18

0.000Air Blank 06:18

0.082Control Test 06:19

0.000Air Blank 06:19

OKDiagnostics Check 06:19

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5012/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:00

Orange County SO

HEBEL,GRIFFIN

05/05/2021

06419080A1

Windermere PD

KOSH,TOBI,J

BORISH

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.083Control Test 01:31

0.000Air Blank 01:31

# 1 0.175Subject Sample 01:32

2.210Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.178Subject Sample 01:35

3.074Breath Volume 01:35

0.000Air Blank 01:35

0.082Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:3612/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

01:10

Orange County SO

JEAN BAPTISTE,ALBENS

05/05/2021

06419080A1

FHP Troop D

NERVAIS,TABITHA,J

SINTO

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:54

0.082Control Test 02:55

0.000Air Blank 02:55

# 1 0.207Subject Sample 02:57

1.781Breath Volume 02:57

0.000Air Blank 02:58

0.000Air Blank 02:59

# 2 0.215Subject Sample 03:03 Volume Not Met

0.445Breath Volume 03:03

0.000Air Blank 03:03

0.000Air Blank 03:05

# 3 0.216Subject Sample 03:06

2.972Breath Volume 03:06

0.000Air Blank 03:06

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5612/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:22

Orange County SO

HEBEL,GRIFFIN

05/05/2021

06419080A1

Windermere PD

KOSH,TOBI,J

FATA

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.083Control Test 01:25

0.000Air Blank 01:26

# 1 0.000Subject Sample 01:27

1.332Breath Volume 01:27

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.000Subject Sample 01:30

1.335Breath Volume 01:30

0.000Air Blank 01:31

0.082Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:5912/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:36

19:40

Orange County SO

BARRAGAN GARCIA,ANTONIO

05/05/2021

06419080A1

FHP Troop D

KOSH,TOBI,J

FLUCKER

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:01

0.082Control Test 21:02

0.000Air Blank 21:02

# 1 0.147Subject Sample 21:04

1.691Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:07

# 2 0.152Subject Sample 21:08

3.425Breath Volume 21:08

0.000Air Blank 21:09

0.080Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:58:0612/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:26

00:45

Orange County SO

MOYE,JAMES

05/05/2021

06419080A1

Orange County SO

KOSH,TOBI,J

WILLIAMS

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.081Control Test 01:51

0.000Air Blank 01:52

# 1 0.083Subject Sample 01:53

2.308Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.084Subject Sample 01:56

2.480Breath Volume 01:56

0.000Air Blank 01:57

0.081Control Test 01:57

0.000Air Blank 01:58

OKDiagnostics Check 01:58

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:4712/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:32

04:59

Orange County SO

BETTINGER,AARON

05/05/2021

06419080A1

Orange County SO

NERVAIS,TABITHA,J

MILLAN

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:56

0.081Control Test 05:56

0.000Air Blank 05:57

# 1 0.127Subject Sample 05:57

2.199Breath Volume 05:57

0.000Air Blank 05:58

0.000Air Blank 05:59

# 2 0.130Subject Sample 06:00

1.968Breath Volume 06:00

0.000Air Blank 06:00

0.081Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:07:2912/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:38

16:37

Orange County SO

CARPENTER,BLAKE

05/05/2021

06419080A1

FHP Troop D

DENSON,TRAVIS,W

SHOWALTER

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:01

0.000Air Blank 18:01

0.082Control Test 18:02

0.000Air Blank 18:02

# 1 0.168Subject Sample 18:03

3.578Breath Volume 18:03

0.000Air Blank 18:03

0.000Air Blank 18:05

# 2 0.160Subject Sample 18:05

2.011Breath Volume 18:05

0.000Air Blank 18:06

0.082Control Test 18:06

0.000Air Blank 18:07

OKDiagnostics Check 18:07

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3512/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:25

Orange County SO

SANCHEZ,KEVIN

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

NOLASCONOLASCO

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.082Control Test 02:05

0.000Air Blank 02:05

# 1 0.168Subject Sample 02:06

1.398Breath Volume 02:06

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.167Subject Sample 02:09

2.078Breath Volume 02:09

0.000Air Blank 02:09

0.082Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:1612/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:18

01:54

Orange County SO

ANDERSON,NEAL

05/05/2021

06419080A1

Orlando PD

DENSON,TRAVIS,W

MCGINTY

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.082Control Test 02:44

0.000Air Blank 02:45

# 1Subject Sample 02:48 No Sample Provided

0.000Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2Subject Sample 02:53 No Sample Provided

0.000Breath Volume 02:53

0.000Air Blank 02:54

0.082Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:3512/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:52

20:30

Orange County SO

JORGE,JUNIOR

05/05/2021

06419080A1

Orange County SO

KOSH,TOBI,J

HERNANDEZ HERNANDEZ

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.082Control Test 21:18

0.000Air Blank 21:19

# 1 0.137Subject Sample 21:19

1.683Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.139Subject Sample 21:23

2.070Breath Volume 21:23

0.000Air Blank 21:23

0.083Control Test 21:23

0.000Air Blank 21:24

OKDiagnostics Check 21:24

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:0412/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

00:00

Orange County SO

RODRIGUEZ,STEPHANIE

05/05/2021

06419080A1

Orlando PD

DAVIS,COURTNEY,L

MILLER

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:52

0.000Air Blank 00:53

0.082Control Test 00:53

0.000Air Blank 00:54

# 1 0.095Subject Sample 00:55

1.343Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.100Subject Sample 00:58

1.640Breath Volume 00:58

0.000Air Blank 00:59

0.082Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 01:00

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:4812/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:36

Orange County SO

PRICE,FORREST

05/05/2021

06419080A1

Orlando PD

RIVERA,ALEXANDER,N

VAZQUEZNANDUCA

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:57

0.000Air Blank 23:57

0.083Control Test 23:57

0.000Air Blank 23:58

# 1 0.158Subject Sample 00:01 Volume Not Met

0.082Breath Volume 00:01

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2 0.151Subject Sample 00:07 Volume Not Met

0.257Breath Volume 00:07

0.000Air Blank 00:07

0.081Control Test 00:08

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:3112/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:01

Orange County SO

CAMPBELL,ROBERT

05/05/2021

06419080A1

Apopka PD

WILKINS,CONNOR,R

MORALESCIRILO

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:24

0.000Air Blank 00:24

0.082Control Test 00:25

0.000Air Blank 00:25

# 1 0.000Subject Sample 00:26

3.945Breath Volume 00:26

0.000Air Blank 00:26

0.000Air Blank 00:28

# 2 0.000Subject Sample 00:29

3.941Breath Volume 00:29

0.000Air Blank 00:29

0.082Control Test 00:29

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:5312/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:04

Orange County SO

HEBEL,GRIFFIN

05/05/2021

06419080A1

Windermere PD

RIVERA,ALEXANDER,N

RONEY

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.083Control Test 02:16

0.000Air Blank 02:16

# 1 0.058Subject Sample 02:18

1.328Breath Volume 02:18

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.063Subject Sample 02:22

1.523Breath Volume 02:22

0.000Air Blank 02:22

0.083Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:02:0912/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:59

Orange County SO

BRAZEE,COLE

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

BABB

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

# 1 0.178Subject Sample 04:57

1.636Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.186Subject Sample 05:00

1.191Breath Volume 05:00

0.000Air Blank 05:01

0.082Control Test 05:01

0.000Air Blank 05:02

OKDiagnostics Check 05:02

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:3612/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

22:03

Orange County SO

MELLA,MELISSA

05/05/2021

06419080A1

Orange County SO

SHEWAN,JANICE,

POLANCO JIMENEZ

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.082Control Test 23:02

0.000Air Blank 23:03

# 1 0.000Subject Sample 23:03

1.941Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.000Subject Sample 23:07

2.140Breath Volume 23:07

0.000Air Blank 23:07

0.082Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4312/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

03:50

Orange County SO

DIAZ,JASON

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

HERNANDEZ III

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.082Control Test 04:37

0.000Air Blank 04:38

# 1 0.154Subject Sample 04:40

1.785Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:42

# 2 0.152Subject Sample 04:44

1.269Breath Volume 04:44

0.000Air Blank 04:44

0.081Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:5512/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:34

02:06

Orange County SO

BRAZEAU,JAMIE

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

GARCIA

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.082Control Test 02:59

0.000Air Blank 03:00

# 1 0.187Subject Sample 03:00

1.230Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.196Subject Sample 03:03

1.136Breath Volume 03:03

0.000Air Blank 03:04

0.082Control Test 03:04

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:30:1812/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:55

11:20

Orange County SO

WONGSHUE,ANTHONY

05/05/2021

06419080A1

Orlando PD

RODRIGUEZ,MICHAEL,J

WENZEL

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:23

0.000Air Blank 12:24

0.082Control Test 12:24

0.000Air Blank 12:25

# 1 0.000Subject Sample 12:25

2.601Breath Volume 12:25

0.000Air Blank 12:26

0.000Air Blank 12:28

# 2 0.000Subject Sample 12:28

1.562Breath Volume 12:28

0.000Air Blank 12:29

0.082Control Test 12:29

0.000Air Blank 12:30

OKDiagnostics Check 12:30

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:19:0012/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:50

21:24

Orange County SO

SHAOUNI,KALEY

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

REESE

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:13

0.082Control Test 22:13

0.000Air Blank 22:14

# 1 0.060Subject Sample 22:14

1.121Breath Volume 22:14

0.000Air Blank 22:15

0.000Air Blank 22:17

# 2 0.058Subject Sample 22:17

1.253Breath Volume 22:17

0.000Air Blank 22:18

0.082Control Test 22:18

0.000Air Blank 22:18

OKDiagnostics Check 22:19

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:4212/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

01:32

Orange County SO

SPEER,ANDREW

05/05/2021

06419080A1

Maitland PD

ROSARIO SANTIAGO,ELDALY,J

SCOTT

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.082Control Test 02:37

0.000Air Blank 02:37

# 1 0.146Subject Sample 02:38

2.136Breath Volume 02:38

0.000Air Blank 02:38

0.000Air Blank 02:40

# 2 0.145Subject Sample 02:41

2.570Breath Volume 02:41

0.000Air Blank 02:41

0.082Control Test 02:42

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:20:2812/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:24

Orange County SO

LUGO,OSCAR

05/05/2021

06419080A1

OTHER Local

KOSH,TOBI,J

DAY JR

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.081Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:19 Subject Test Refused

0.000Breath Volume 01:19

0.000Air Blank 01:19

0.082Control Test 01:19

0.000Air Blank 01:20

OKDiagnostics Check 01:20

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:2112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:45

Orange County SO

CETINDERE,YAGIZ

05/05/2021

06419080A1

Orange County SO

KOSH,TOBI,J

GARCIA

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.083Control Test 05:17

0.000Air Blank 05:17

# 1 0.137Subject Sample 05:17

1.675Breath Volume 05:17

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.136Subject Sample 05:20

2.230Breath Volume 05:20

0.000Air Blank 05:21

0.082Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:10:3712/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:40

07:12

Orange County SO

MORELLI,CHRISTOPHER

05/05/2021

06419080A1

Orange County SO

RODRIGUEZ,MICHAEL,J

NEPTUNE

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:04

0.000Air Blank 08:05

0.083Control Test 08:05

0.000Air Blank 08:06

# 1 0.000Subject Sample 08:06

2.031Breath Volume 08:06

0.000Air Blank 08:06

0.000Air Blank 08:08

# 2 0.000Subject Sample 08:09

2.007Breath Volume 08:09

0.000Air Blank 08:09

0.083Control Test 08:10

0.000Air Blank 08:10

OKDiagnostics Check 08:10

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:4612/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:17

Orange County SO

WATKINS,ROMAN

05/05/2021

06419080A1

OTHER Local

WILKINS,CONNOR,R

ROBERTAMOROS

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.081Control Test 01:16

0.000Air Blank 01:16

# 1 0.186Subject Sample 01:18

1.585Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.169Subject Sample 01:22

1.996Breath Volume 01:22

0.000Air Blank 01:22

0.082Control Test 01:23

0.000Air Blank 01:23

OKDiagnostics Check 01:23

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:32:2712/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:02

02:35

Orange County SO

MOYE,JAMES

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

MAGRADY

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:26

0.000Air Blank 03:26

0.082Control Test 03:27

0.000Air Blank 03:27

# 1 0.173Subject Sample 03:28

1.535Breath Volume 03:28

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.171Subject Sample 03:30

1.859Breath Volume 03:30

0.000Air Blank 03:31

0.081Control Test 03:31

0.000Air Blank 03:32

OKDiagnostics Check 03:32

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:3812/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:52

Orange County SO

HARRISON,ROBBIE

05/05/2021

06419080A1

Orange County SO

KOSH,TOBI,J

MERCEDAT

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.082Control Test 03:59

0.000Air Blank 03:59

# 1 0.206Subject Sample 04:00

2.515Breath Volume 04:00

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.186Subject Sample 04:04

1.714Breath Volume 04:04

0.000Air Blank 04:04

0.082Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:55:0112/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:22

05:51

Orange County SO

TORRES,JOSUE

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

MONPREMIER

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:48

0.000Air Blank 06:49

0.083Control Test 06:49

0.000Air Blank 06:50

# 1 0.120Subject Sample 06:50

2.800Breath Volume 06:50

0.000Air Blank 06:51

0.000Air Blank 06:53

# 2 0.127Subject Sample 06:53

2.714Breath Volume 06:53

0.000Air Blank 06:54

0.082Control Test 06:54

0.000Air Blank 06:54

OKDiagnostics Check 06:55

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:5012/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:14

Orange County SO

PEREZ,JUAN

05/05/2021

06419080A1

Orange County SO

NERVAIS',TABITHA,J

WILLIAMS

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.082Control Test 23:57

0.000Air Blank 23:57

# 1 0.105Subject Sample 00:00 Volume Not Met

0.238Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.133Subject Sample 00:06 Volume Not Met

0.019Breath Volume 00:06

0.000Air Blank 00:06

0.082Control Test 00:07

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:4812/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

23:14

Orange County SO

PEREZ,JUAN

05/05/2021

06419080A1

Orange County SO

NERVAIS,TABITHA,J

WILLIAMS

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.081Control Test 00:10

0.000Air Blank 00:11

# 1 0.139Subject Sample 00:12

1.835Breath Volume 00:12

0.000Air Blank 00:13

0.000Air Blank 00:15

# 2 0.125Subject Sample 00:18

1.660Breath Volume 00:18

0.000Air Blank 00:18

0.082Control Test 00:19

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:5512/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:03

Orange County SO

BAUSH,SAEED

05/05/2021

06419080A1

Winter Garden PD

SHEWAN,JANICE,

ESCALANTE ESCALANTE

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.083Control Test 01:02

0.000Air Blank 01:02

# 1 0.169Subject Sample 01:03

1.519Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:05

# 2 0.178Subject Sample 01:06

3.242Breath Volume 01:06

0.000Air Blank 01:07

0.082Control Test 01:07

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 01/12/2021 13:14

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:3612/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:57

02:27

Orange County SO

JACKSON,MELISSA

05/05/2021

06419080A1

Winter Garden PD

NERVAIS,TABITHA,J

RAMIREZSANCHEZ

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:23

0.083Control Test 03:23

0.000Air Blank 03:24

# 1 0.000Subject Sample 03:27 Volume Not Met

0.000Breath Volume 03:27

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.126Subject Sample 03:32

1.820Breath Volume 03:32

0.000Air Blank 03:32

0.000Air Blank 03:34

# 3 0.129Subject Sample 03:35

1.269Breath Volume 03:35

0.000Air Blank 03:35

0.081Control Test 03:36

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:4012/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

00:40

Orange County SO

CAMPBELL,ROBERT

05/05/2021

06419080A1

Apopka PD

ROSARIO SANTIAGO,ELDALY,J

ESCOBAR

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 01:59

0.083Control Test 02:00

0.000Air Blank 02:00

# 1 0.167Subject Sample 02:01

1.976Breath Volume 02:01

0.000Air Blank 02:01

0.000Air Blank 02:03

# 2 0.165Subject Sample 02:04

1.894Breath Volume 02:04

0.000Air Blank 02:04

0.083Control Test 02:05

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1712/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

03:02

Orange County SO

WATKINS,ROMAN

05/05/2021

06419080A1

OTHER Local

KOSH,TOBI,J

KHOURY

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:54

0.082Control Test 03:54

0.000Air Blank 03:55

# 1 0.132Subject Sample 03:55

2.296Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.125Subject Sample 03:58

1.437Breath Volume 03:58

0.000Air Blank 03:59

0.082Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:5312/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:10

Orange County SO

CHARLESTIN,FRANTZ

05/05/2021

06419080A1

Orlando PD

KOSH,TOBI,J

ANDERSON

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:14

0.000Air Blank 23:14

0.082Control Test 23:15

0.000Air Blank 23:15

# 1 0.194Subject Sample 23:16

1.312Breath Volume 23:16

0.000Air Blank 23:16

0.000Air Blank 23:18

# 2 0.191Subject Sample 23:19

1.261Breath Volume 23:19

0.000Air Blank 23:19

0.082Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:5412/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:00

Orange County SO

RUSSO,ANDREW

05/05/2021

06419080A1

Orange County SO

NERVAIS,TABITHA,J

CARTE

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.082Control Test 02:46

0.000Air Blank 02:47

# 1 0.132Subject Sample 02:48

2.203Breath Volume 02:48

0.000Air Blank 02:48

0.000Air Blank 02:50

# 2 0.128Subject Sample 02:51

1.464Breath Volume 02:51

0.000Air Blank 02:51

0.081Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:0512/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:29

Orange County SO

CRUTCHER,TIM

05/05/2021

06419080A1

Apopka PD

KOSH,TOBI,J

HAMILTON

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:06

0.000Air Blank 23:07

0.082Control Test 23:07

0.000Air Blank 23:08

# 1 0.327Subject Sample 23:08

2.214Breath Volume 23:08

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.311Subject Sample 23:11

2.011Breath Volume 23:11

0.000Air Blank 23:12

0.081Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:2512/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

22:59

Orange County SO

GRIFFITH,CODY

05/05/2021

06419080A1

FHP Troop D

NERVAIS,TABITHA,J

CARABALLO

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.082Control Test 00:44

0.000Air Blank 00:44

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.082Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:1512/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:48

Orange County SO

GILZEN,JACOB

05/05/2021

06419080A1

Winter Garden PD

KOSH,TOBI,J

DAIGLE

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:46

0.000Air Blank 21:47

0.082Control Test 21:47

0.000Air Blank 21:48

# 1 0.192Subject Sample 21:48

1.539Breath Volume 21:48

0.000Air Blank 21:49

0.000Air Blank 21:50

# 2 0.197Subject Sample 21:51

2.984Breath Volume 21:51

0.000Air Blank 21:52

0.082Control Test 21:52

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:1812/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:17

Orange County SO

HALLOCK,STEPHEN

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

CORONADO

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.082Control Test 01:18

0.000Air Blank 01:18

# 1 0.202Subject Sample 01:19

2.203Breath Volume 01:19

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.201Subject Sample 01:22

1.726Breath Volume 01:22

0.000Air Blank 01:23

0.082Control Test 01:23

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:4412/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:23

02:03

Orange County SO

LECOMPTE,KENNETH

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

DOMINGUEZ

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:52

0.000Air Blank 02:53

0.082Control Test 02:53

0.000Air Blank 02:53

# 1 0.085Subject Sample 02:57 Volume Not Met

0.273Breath Volume 02:57

0.000Air Blank 02:57

0.000Air Blank 02:59

# 2 0.090Subject Sample 03:02

1.433Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 3 0.084Subject Sample 03:06

1.199Breath Volume 03:06

0.000Air Blank 03:06

0.080Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001416CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:47:2912/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:18

05:55

Orange County SO

AZEVEDO,FABIO

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

KELLY

12/07/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:41

0.000Air Blank 06:41

0.082Control Test 06:42

0.000Air Blank 06:42

# 1 0.142Subject Sample 06:43

3.242Breath Volume 06:43

0.000Air Blank 06:43

0.000Air Blank 06:45

# 2 0.147Subject Sample 06:45

3.242Breath Volume 06:45

0.000Air Blank 06:46

0.081Control Test 06:46

0.000Air Blank 06:47

OKDiagnostics Check 06:47

Data Download Date/Time: 01/12/2021 13:15

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1512/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

02:33

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

TAHIRI

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:09

0.000Air Blank 03:09

0.081Control Test 03:09

0.000Air Blank 03:10

# 1 0.144Subject Sample 03:11

2.085Breath Volume 03:11

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.141Subject Sample 03:15

1.730Breath Volume 03:15

0.000Air Blank 03:16

0.080Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:16:4412/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:42

01:23

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

WILKINSON

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:08

0.000Air Blank 02:08

0.082Control Test 02:09

0.000Air Blank 02:09

# 1Subject Sample 02:12 No Sample Provided

0.000Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2Subject Sample 02:15 Subject Test Refused

0.000Breath Volume 02:15

0.000Air Blank 02:15

0.082Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:16

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:5412/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:18

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

RENTZ,JARROD,C

STECKLEY

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.080Control Test 22:01

0.000Air Blank 22:02

# 1 0.275Subject Sample 22:02

1.750Breath Volume 22:02

0.000Air Blank 22:03

0.000Air Blank 22:05

# 2 0.285Subject Sample 22:06

1.718Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:25:5012/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

21:18

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

EIMICKE

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:18

0.000Air Blank 22:19

0.081Control Test 22:19

0.000Air Blank 22:20

# 1 0.000Subject Sample 22:20

1.722Breath Volume 22:20

0.000Air Blank 22:21

0.000Air Blank 22:23

# 2 0.000Subject Sample 22:24

2.722Breath Volume 22:24

0.000Air Blank 22:24

0.080Control Test 22:25

0.000Air Blank 22:25

OKDiagnostics Check 22:25

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:3712/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:34

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

WHITE

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.108Subject Sample 03:21

1.238Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.092Subject Sample 03:26 Volume Not Met

0.835Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 3 0.098Subject Sample 03:30

1.648Breath Volume 03:30

0.000Air Blank 03:30

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:21:1112/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:52

17:21

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

ZDANUK

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.081Control Test 18:15

0.000Air Blank 18:15

# 1 0.159Subject Sample 18:16

1.609Breath Volume 18:16

0.000Air Blank 18:17

0.000Air Blank 18:19

# 2 0.155Subject Sample 18:19

1.648Breath Volume 18:19

0.000Air Blank 18:20

0.080Control Test 18:20

0.000Air Blank 18:21

OKDiagnostics Check 18:21

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4512/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:36

00:25

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

HALL

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.081Control Test 00:59

0.000Air Blank 00:59

# 1Subject Sample 01:02 No Sample Provided

0.000Breath Volume 01:02

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2Subject Sample 01:05 Subject Test Refused

0.000Breath Volume 01:05

0.000Air Blank 01:05

0.081Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:2412/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:17

01:12

Clay County SO

WHITMAN,W

06/05/2021

08819080A1

Orange Park PD

HOLBERT,J,T

GIPSON

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

# 1 0.154Subject Sample 02:44

1.324Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.157Subject Sample 02:48

1.945Breath Volume 02:48

0.000Air Blank 02:49

0.081Control Test 02:49

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:26:3012/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:37

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

GORDON

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1Subject Sample 03:22 No Sample Provided

0.000Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:25 Subject Test Refused

0.000Breath Volume 03:25

0.000Air Blank 03:25

0.081Control Test 03:25

0.000Air Blank 03:26

OKDiagnostics Check 03:26

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:4912/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

01:17

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

CROSSMAN,R,K

GURLEY

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.080Control Test 02:22

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.081Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:37:4412/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:09

19:04

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

CROSSMAN,R,K

MODLIN

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.080Control Test 19:30

0.000Air Blank 19:30

# 1Subject Sample 19:33 No Sample Provided

0.000Breath Volume 19:33

0.000Air Blank 19:34

0.000Air Blank 19:36

# 2Subject Sample 19:36 Subject Test Refused

0.000Breath Volume 19:36

0.000Air Blank 19:36

0.081Control Test 19:37

0.000Air Blank 19:37

OKDiagnostics Check 19:37

Data Download Date/Time: 12/31/2020 14:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:01:0412/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:20

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

MCCLURE

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.102Subject Sample 23:56

2.074Breath Volume 23:56

0.000Air Blank 23:57

0.000Air Blank 23:59

# 2 0.095Subject Sample 23:59

1.347Breath Volume 23:59

0.000Air Blank 00:00

0.080Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:01

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1212/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:43

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

DAVIS

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.080Control Test 02:17

0.000Air Blank 02:18

# 1Subject Sample 02:21 No Sample Provided

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.238Subject Sample 02:24

1.628Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 3 0.248Subject Sample 02:27

2.027Breath Volume 02:27

0.000Air Blank 02:28

0.080Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:3912/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:16

Clay County SO

WHITTMAN,W

06/05/2021

08819080A1

Orange Park PD

HOLBERT,J,T

TOWNLEY

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

# 1Subject Sample 03:01 No Sample Provided

0.000Breath Volume 03:01

0.000Air Blank 03:02

0.000Air Blank 03:04

# 2Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:04

0.080Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:5412/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:28

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

AYLESBURY

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:11

0.000Air Blank 19:12

0.082Control Test 19:12

0.000Air Blank 19:13

# 1 0.156Subject Sample 19:14

1.703Breath Volume 19:14

0.000Air Blank 19:14

0.000Air Blank 19:16

# 2 0.153Subject Sample 19:17

1.687Breath Volume 19:17

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:18

OKDiagnostics Check 19:18

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:30:0912/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:58

19:33

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

MIRACLE

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:23

0.000Air Blank 20:24

0.081Control Test 20:24

0.000Air Blank 20:25

# 1 0.000Subject Sample 20:25

2.687Breath Volume 20:25

0.000Air Blank 20:26

0.000Air Blank 20:28

# 2 0.000Subject Sample 20:28

2.386Breath Volume 20:28

0.000Air Blank 20:29

0.080Control Test 20:29

0.000Air Blank 20:30

OKDiagnostics Check 20:30

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:48:1012/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:52

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

TAYNTON

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

# 1 0.193Subject Sample 23:43

2.214Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.189Subject Sample 23:46

2.132Breath Volume 23:46

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

OKDiagnostics Check 23:48

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:41:1912/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:11

09:01

Clay County SO

SMITH,J

06/05/2021

08819080A1

Clay County SO

DANELLA,E,

DRAYTON

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:35

0.000Air Blank 10:35

0.081Control Test 10:36

0.000Air Blank 10:36

# 1 0.000Subject Sample 10:37

2.062Breath Volume 10:37

0.000Air Blank 10:37

0.000Air Blank 10:39

# 2 0.000Subject Sample 10:39

2.316Breath Volume 10:39

0.000Air Blank 10:40

0.079Control Test 10:40

0.000Air Blank 10:41

OKDiagnostics Check 10:41

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3112/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:28

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

LASITER

11/24/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:05

0.080Control Test 23:05

0.000Air Blank 23:06

# 1Subject Sample 23:09 No Sample Provided

0.000Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2Subject Sample 23:12 Subject Test Refused

0.000Breath Volume 23:12

0.000Air Blank 23:12

0.080Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:3812/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:38

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

VALLE

12/28/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.080Control Test 21:21

0.000Air Blank 21:22

# 1 0.187Subject Sample 21:22

1.480Breath Volume 21:22

0.000Air Blank 21:23

0.000Air Blank 21:25

# 2 0.178Subject Sample 21:26

1.375Breath Volume 21:26

0.000Air Blank 21:26

0.080Control Test 21:27

0.000Air Blank 21:27

OKDiagnostics Check 21:27

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:2112/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:37

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

BROWN

12/28/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:18

0.081Control Test 03:18

0.000Air Blank 03:19

# 1 0.150Subject Sample 03:22 Volume Not Met

0.269Breath Volume 03:22

0.000Air Blank 03:22

0.000Air Blank 03:24

# 2Subject Sample 03:28 No Sample Provided

0.000Breath Volume 03:28

0.000Air Blank 03:28

0.079Control Test 03:28

0.000Air Blank 03:29

OKDiagnostics Check 03:29

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001443CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:1212/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:58

Clay County SO

RILEY,R

06/05/2021

08819080A1

Clay County SO

HOLBERT,J,T

SULLINS

12/28/2020

8100.27

CLAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:36

# 1 0.186Subject Sample 00:37

1.406Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.183Subject Sample 00:40

2.277Breath Volume 00:40

0.000Air Blank 00:41

0.079Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 12/31/2020 14:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:0312/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:18

02:42

Cape Coral PD

NEWTON,J

09/05/2022

20520080A1

Cape Coral PD

RODRIGUEZ,A,

RICARDO

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.058Subject Sample 03:42

2.683Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.057Subject Sample 03:45

1.890Breath Volume 03:45

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:46

OKDiagnostics Check 03:47

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:02:4412/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:35

21:10

Cape Coral PD

JOHNSON,MATTHEW

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

HAUPTMAN

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:56

0.000Air Blank 21:56

0.082Control Test 21:57

0.000Air Blank 21:57

# 1 0.282Subject Sample 21:58

2.632Breath Volume 21:58

0.000Air Blank 21:58

0.000Air Blank 22:00

# 2 0.273Subject Sample 22:01

2.746Breath Volume 22:01

0.000Air Blank 22:01

0.081Control Test 22:02

0.000Air Blank 22:02

OKDiagnostics Check 22:02

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:59:5612/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

00:18

Cape Coral PD

LOWE,ALEXANDER

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

GIDDENS

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:53

0.000Air Blank 00:53

0.081Control Test 00:54

0.000Air Blank 00:54

# 1 0.000Subject Sample 00:55

3.734Breath Volume 00:55

0.000Air Blank 00:55

0.000Air Blank 00:57

# 2 0.000Subject Sample 00:58

3.074Breath Volume 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 00:59

OKDiagnostics Check 00:59

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:0712/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

22:04

Cape Coral PD

MYERS,JUSTIN

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

CAVAZOS

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:47

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:48

# 1 0.000Subject Sample 22:48

1.582Breath Volume 22:48

0.000Air Blank 22:49

0.000Air Blank 22:51

# 2 0.000Subject Sample 22:51

1.750Breath Volume 22:51

0.000Air Blank 22:52

0.080Control Test 22:52

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:3912/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

02:32

Cape Coral PD

RIOS,DAVIS

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

ROBSON

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1 0.098Subject Sample 03:13

2.906Breath Volume 03:13

0.000Air Blank 03:13

0.000Air Blank 03:15

# 2 0.098Subject Sample 03:16

2.273Breath Volume 03:16

0.000Air Blank 03:16

0.078Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5912/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:55

20:22

Cape Coral PD

RIOS,DAVIS

09/05/2022

20520080A1

Cape Coral PD

MYERS,JUSTIN,L

BROWN

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:15

0.000Air Blank 21:16

0.080Control Test 21:16

0.000Air Blank 21:16

# 1 0.000Subject Sample 21:18

1.589Breath Volume 21:18

0.000Air Blank 21:18

0.000Air Blank 21:20

# 2 0.000Subject Sample 21:21

1.863Breath Volume 21:21

0.000Air Blank 21:22

0.079Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:54:2612/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:26

08:38

Cape Coral PD

CARROLL,JILLIAN

09/05/2022

20520080A1

Cape Coral PD

TACY,CODY,J

RIESER

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:47

0.000Air Blank 09:48

0.080Control Test 09:48

0.000Air Blank 09:48

# 1 0.000Subject Sample 09:49

2.417Breath Volume 09:49

0.000Air Blank 09:50

0.000Air Blank 09:52

# 2 0.000Subject Sample 09:53

3.070Breath Volume 09:53

0.000Air Blank 09:53

0.080Control Test 09:53

0.000Air Blank 09:54

OKDiagnostics Check 09:54

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:2312/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:37

Cape Coral PD

LOETHEN,KEITH

09/05/2022

20520080A1

Cape Coral PD

ROSS,CHEYANNE,K

BROWN

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.081Control Test 02:14

0.000Air Blank 02:14

# 1 0.135Subject Sample 02:15

2.390Breath Volume 02:15

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.122Subject Sample 02:17

2.289Breath Volume 02:17

0.000Air Blank 02:18

0.080Control Test 02:18

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2812/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:48

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

LAWSON

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:31

0.080Control Test 03:31

0.000Air Blank 03:32

# 1 0.210Subject Sample 03:32

2.019Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.203Subject Sample 03:36

2.277Breath Volume 03:36

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:2012/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:11

Cape Coral PD

MARTIN,PAUL

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

ROE

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:53

0.080Control Test 03:53

0.000Air Blank 03:53

# 1 0.104Subject Sample 03:54

2.367Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.096Subject Sample 03:57

1.910Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:3912/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

00:43

Cape Coral PD

YARMESCH,CASSANDRA

09/05/2022

20520080A1

Cape Coral PD

ROSS,CHEYANNE,K

MATTSON

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

# 1 0.069Subject Sample 01:20

2.195Breath Volume 01:20

0.000Air Blank 01:20

0.000Air Blank 01:22

# 2 0.070Subject Sample 01:23

2.609Breath Volume 01:23

0.000Air Blank 01:23

0.079Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:0212/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:59

01:33

Cape Coral PD

MARTIN,PAUL

09/05/2022

20520080A1

Cape Coral PD

ROSS,CHEYANNE,K

ROSSI

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1 0.146Subject Sample 02:21

2.785Breath Volume 02:21

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.145Subject Sample 02:24

2.953Breath Volume 02:24

0.000Air Blank 02:25

0.078Control Test 02:25

0.000Air Blank 02:25

OKDiagnostics Check 02:26

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:0012/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:11

02:41

Cape Coral PD

BROWN,SAMANTHA

09/05/2022

20520080A1

Cape Coral PD

BROWN,SAMANTHA,G

HORSCH

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.142Subject Sample 03:35

1.707Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:37

# 2Subject Sample 03:38 Subject Test Refused

0.000Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:40

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:5012/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:27

20:03

Cape Coral PD

RIOS,D

09/05/2022

20520080A1

Cape Coral PD

RUSH,DANIEL,C

ELLIS

11/10/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:51

0.000Air Blank 20:51

0.080Control Test 20:51

0.000Air Blank 20:52

# 1 0.188Subject Sample 20:53

1.429Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.183Subject Sample 20:56

1.492Breath Volume 20:56

0.000Air Blank 20:56

0.078Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 12/16/2020 14:22

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:46:3412/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

10:01

Cape Coral PD

DOTSON,WILLIAM

09/05/2022

20520080A1

Cape Coral PD

WILSON,PERRY,M

MARTELLONI

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 10:40

0.000Air Blank 10:40

0.079Control Test 10:41

0.000Air Blank 10:41

# 1 0.000Subject Sample 10:42

1.898Breath Volume 10:42

0.000Air Blank 10:42

0.000Air Blank 10:44

# 2 0.000Subject Sample 10:45

3.175Breath Volume 10:45

0.000Air Blank 10:45

0.079Control Test 10:45

0.000Air Blank 10:46

OKDiagnostics Check 10:46

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:5412/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:46

Cape Coral PD

PRIETO PEREZ,CARLOS

09/05/2022

20520080A1

Cape Coral PD

CHESNUT,JONATHAN,M

COMLY

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.081Control Test 03:23

0.000Air Blank 03:23

# 1 0.213Subject Sample 03:24

2.187Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.218Subject Sample 03:27

2.761Breath Volume 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4412/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:42

Cape Coral PD

RIOS,D

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

KURTZMAN

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:28

# 1 0.000Subject Sample 02:29

1.742Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.000Subject Sample 02:32

2.222Breath Volume 02:32

0.000Air Blank 02:32

0.081Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:3212/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

02:29

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWLEL,CHASE,U

LINDSEY

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:17

0.000Air Blank 03:18

0.080Control Test 03:18

0.000Air Blank 03:19

# 1 0.241Subject Sample 03:19

4.691Breath Volume 03:19

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.232Subject Sample 03:23

4.496Breath Volume 03:23

0.000Air Blank 03:23

0.079Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:2412/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:22

18:55

Cape Coral PD

COLWELL,CHASE

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

FOWLER

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.079Control Test 19:44

0.000Air Blank 19:44

# 1 0.220Subject Sample 19:45

3.535Breath Volume 19:45

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.209Subject Sample 19:48

3.160Breath Volume 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:0112/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:03

00:41

Cape Coral PD

ALMENDAREZ,CHRISTIAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

CHRISTIE

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:25

# 1 0.114Subject Sample 01:26

1.976Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.101Subject Sample 01:29

1.480Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:31

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:0312/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

21:58

Cape Coral PD

LOWE,ALEXANDER

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

NICOLOZAKES

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:01

0.000Air Blank 23:01

0.080Control Test 23:02

0.000Air Blank 23:02

# 1 0.184Subject Sample 23:03

1.695Breath Volume 23:03

0.000Air Blank 23:04

0.000Air Blank 23:05

# 2 0.173Subject Sample 23:06

1.714Breath Volume 23:06

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:07

OKDiagnostics Check 23:08

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:0512/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:07

Cape Coral PD

SCHWIGK,GEORGE

09/05/2022

20520080A1

Cape Coral PD

MILLS,MATTHEW,K

KAUFMAN

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:17

0.000Air Blank 22:18

0.082Control Test 22:18

0.000Air Blank 22:19

# 1Subject Sample 22:21 Subject Test Refused

0.078Breath Volume 22:21

0.000Air Blank 22:22

0.082Control Test 22:22

0.000Air Blank 22:22

OKDiagnostics Check 22:23

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:16:2012/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

23:35

Cape Coral PD

PRIETO PEREZ,CARLOS

09/05/2022

20520080A1

Cape Coral PD

BROWN,SAMANTHA,G

SANCHEZ CASANOVA

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.082Control Test 00:10

0.000Air Blank 00:11

# 1 0.194Subject Sample 00:11

2.992Breath Volume 00:11

0.000Air Blank 00:12

0.000Air Blank 00:14

# 2 0.187Subject Sample 00:14

2.421Breath Volume 00:14

0.000Air Blank 00:15

0.081Control Test 00:15

0.000Air Blank 00:16

OKDiagnostics Check 00:16

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:3812/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:28

Cape Coral PD

NEWTON,JENNA

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

MCCUNE

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.081Control Test 03:15

0.000Air Blank 03:16

# 1 0.129Subject Sample 03:16

4.062Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.127Subject Sample 03:20

4.343Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 01/13/2021 13:53

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:04:1212/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:15

Cape Coral PD

LOWE,ALEXANDER

09/05/2022

20520080A1

Cape Coral PD

COLWELL,CHASE,U

PAZ-MARTINEZ

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:58

0.000Air Blank 03:58

# 1 0.144Subject Sample 03:59

1.722Breath Volume 03:59

0.000Air Blank 04:00

0.000Air Blank 04:02

# 2 0.154Subject Sample 04:02

3.363Breath Volume 04:02

0.000Air Blank 04:03

0.080Control Test 04:03

0.000Air Blank 04:04

OKDiagnostics Check 04:04

Data Download Date/Time: 01/13/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:48:1512/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:29

Cape Coral PD

HURST,THOMAS

09/05/2022

20520080A1

Cape Coral PD

HANDLEY,ASHLEY,N

BOOSTEDT

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:42

0.000Air Blank 17:42

0.080Control Test 17:42

0.000Air Blank 17:43

# 1 0.151Subject Sample 17:43

2.769Breath Volume 17:43

0.000Air Blank 17:44

0.000Air Blank 17:46

# 2 0.153Subject Sample 17:46

3.121Breath Volume 17:46

0.000Air Blank 17:47

0.079Control Test 17:47

0.000Air Blank 17:48

OKDiagnostics Check 17:48

Data Download Date/Time: 01/13/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:0512/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:31

Cape Coral PD

MARTINI,RYAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

PEPLINSKI

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.080Control Test 22:16

0.000Air Blank 22:16

# 1 0.154Subject Sample 22:17

1.605Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.153Subject Sample 22:20

1.730Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 01/13/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001647CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:32:0012/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:28

Cape Coral PD

ALMENDAREZ,CRISTIAN

09/05/2022

20520080A1

Cape Coral PD

MARTINI,RYAN,H

LEGE

12/16/2020

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:25

0.000Air Blank 23:26

0.080Control Test 23:26

0.000Air Blank 23:26

# 1 0.189Subject Sample 23:27

2.664Breath Volume 23:27

0.000Air Blank 23:28

0.000Air Blank 23:30

# 2 0.193Subject Sample 23:30

2.566Breath Volume 23:30

0.000Air Blank 23:31

0.079Control Test 23:31

0.000Air Blank 23:31

OKDiagnostics Check 23:32

Data Download Date/Time: 01/13/2021 13:54

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:32:2412/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:30

St. Petersburg PD

WRIGHT,NAOMI

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

HARDEN

11/25/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2Subject Sample 02:31 No Sample Provided

0.000Breath Volume 02:31

0.000Air Blank 02:31

0.081Control Test 02:31

0.000Air Blank 02:32

OKDiagnostics Check 02:32

Data Download Date/Time: 12/26/2020 07:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:3112/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:36

01:28

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

AUGSBURGER

11/25/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.081Control Test 01:56

0.000Air Blank 01:57

# 1Subject Sample 02:00 No Sample Provided

0.000Breath Volume 02:00

0.000Air Blank 02:00

0.000Air Blank 02:02

# 2 0.269Subject Sample 02:03

1.386Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:06

# 3 0.255Subject Sample 02:07

1.855Breath Volume 02:07

0.000Air Blank 02:07

0.080Control Test 02:07

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 12/26/2020 07:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0012/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:28

St. Petersburg PD

ROBISON,CASEY

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

RAMABADRAN

11/25/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:08

0.000Air Blank 04:09

0.082Control Test 04:09

0.000Air Blank 04:10

# 1Subject Sample 04:10 Subject Test Refused

0.000Breath Volume 04:10

0.000Air Blank 04:11

0.082Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 12/26/2020 07:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:4112/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:34

01:11

St. Petersburg PD

PEREZ,SAMANTHA

12/05/2021

30219080A2

St. Petersburg PD

KLINE,NICOLE,S

VON HARTEN

11/25/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.081Control Test 01:55

0.000Air Blank 01:55

# 1Subject Sample 01:58 Subject Test Refused

0.000Breath Volume 01:58

0.000Air Blank 01:58

0.081Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 12/26/2020 07:39

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:2512/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:12

St. Petersburg PD

WRIGHT,NAOMI

12/05/2021

30219080A2

St. Petersburg PD

KLINE,NICOLE,S

RODRIGUEZ

11/25/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.081Control Test 01:47

0.000Air Blank 01:47

# 1Subject Sample 01:48 Subject Test Refused

0.000Breath Volume 01:48

0.000Air Blank 01:48

0.081Control Test 01:48

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/26/2020 07:40

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:47:1012/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:15

06:39

Kissimmee PD

CAMPUZANO,ANDRES

08/28/2022

1190213

Kissimmee PD

FORD,GLENN,W

SANCHEZ

11/23/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:40

0.000Air Blank 07:40

0.080Control Test 07:40

0.000Air Blank 07:41

# 1 0.173Subject Sample 07:42

2.199Breath Volume 07:42

0.000Air Blank 07:43

0.000Air Blank 07:44

# 2 0.171Subject Sample 07:45

1.769Breath Volume 07:45

0.000Air Blank 07:46

0.077Control Test 07:46

0.000Air Blank 07:47

OKDiagnostics Check 07:47

Data Download Date/Time: 12/18/2020 09:00

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:11:4912/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:44

05:57

Osceola County SO

SOTO,BRANDON

08/28/2022

1190213

Osceola County SO

JOHNSON,ARIC,R

LOPEZ-REYES

12/15/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:05

0.000Air Blank 07:05

0.082Control Test 07:06

0.000Air Blank 07:06

# 1 0.100Subject Sample 07:07

2.109Breath Volume 07:07

0.000Air Blank 07:08

0.000Air Blank 07:09

# 2 0.102Subject Sample 07:10

1.437Breath Volume 07:10

0.000Air Blank 07:10

0.080Control Test 07:11

0.000Air Blank 07:11

OKDiagnostics Check 07:11

Data Download Date/Time: 02/01/2021 14:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:0712/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:41

11:04

FHP Troop D

REYES,ISAAC

08/28/2022

1190213

FHP Troop D

REYES,ISAAC,N

BEASLEY

12/15/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:02

0.000Air Blank 14:02

0.080Control Test 14:02

0.000Air Blank 14:03

# 1 0.000Subject Sample 14:03

3.937Breath Volume 14:03

0.000Air Blank 14:04

0.000Air Blank 14:06

# 2 0.000Subject Sample 14:06

3.351Breath Volume 14:06

0.000Air Blank 14:07

0.079Control Test 14:07

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 02/01/2021 14:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:3712/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:13

22:13

FHP Troop D

MIRACLE,JEAN

08/28/2022

1190213

FHP Troop D

COLON,EDWIN,D

PEREZ

12/15/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.079Control Test 23:38

0.000Air Blank 23:38

# 1Subject Sample 23:41 Subject Test Refused

0.000Breath Volume 23:41

0.000Air Blank 23:41

0.080Control Test 23:42

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 02/01/2021 14:12

08 March 2021Printed:

COBRA ©1997-2014 CMI, Inc.


