
80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:1404/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:44

HIALEAH GARDENS PD

HUERTA,EDWIN

05/05/2021

06419080A2

HIALEAH GARDENS PD

HUERTA,EDWIN,

CACERES

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.081Control Test 02:10

0.000Air Blank 02:10

# 1 0.171Subject Sample 02:12

1.828Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.166Subject Sample 02:15

1.507Breath Volume 02:15

0.000Air Blank 02:16

0.077Control Test 02:16

0.000Air Blank 02:17

OKDiagnostics Check 02:17

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2304/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

22:55

MIAMI-DADE PD

FLORIAN,ROLANDO

05/05/2021

06419080A2

MIAMI-DADE PD

FLORIAN,ROLANDO,I

PENA

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

# 1Subject Sample 00:41 Subject Test Refused

0.000Breath Volume 00:41

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:11:2204/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:45

09:22

MIAMI-DADE PD

LAPLACELIERE,LEONARDO

05/05/2021

06419080A2

MIAMI-DADE PD

LAPLACELIERE,LEONARDO,R

MORALES

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:08

0.000Air Blank 10:08

0.079Control Test 10:09

0.000Air Blank 10:09

# 1Subject Sample 10:09 Subject Test Refused

0.000Breath Volume 10:09

0.000Air Blank 10:10

0.080Control Test 10:10

0.000Air Blank 10:11

OKDiagnostics Check 10:11

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:39:0104/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:55

10:05

MIAMI-DADE PD

DARLING,R

05/05/2021

06419080A2

MIAMI-DADE PD

DARLING,RENARD,

GRAYSON

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:32

0.000Air Blank 11:33

0.079Control Test 11:33

0.000Air Blank 11:33

# 1 0.123Subject Sample 11:34

1.925Breath Volume 11:34

0.000Air Blank 11:34

0.000Air Blank 11:36

# 2 0.110Subject Sample 11:37

2.007Breath Volume 11:37

0.000Air Blank 11:38

0.078Control Test 11:38

0.000Air Blank 11:38

OKDiagnostics Check 11:39

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:11:3304/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:25

10:47

MIAMI-DADE PD

PEREZ,HENRY

05/05/2021

06419080A2

MIAMI-DADE PD

DAVALOS,DANIEL,A

SHENERY

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:05

0.000Air Blank 12:05

0.079Control Test 12:06

0.000Air Blank 12:06

# 1 0.000Subject Sample 12:07

1.195Breath Volume 12:07

0.000Air Blank 12:07

0.000Air Blank 12:09

# 2 0.000Subject Sample 12:10

1.468Breath Volume 12:10

0.000Air Blank 12:10

0.078Control Test 12:10

0.000Air Blank 12:11

OKDiagnostics Check 12:11

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:52:4704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:33

HIALEAH GARDENS PD

REYES,ISRAEL

05/05/2021

06419080A2

HIALEAH GARDENS PD

ALDANA,ERICK,

ESTRADA

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:45

0.000Air Blank 02:46

0.080Control Test 02:46

0.000Air Blank 02:47

# 1 0.146Subject Sample 02:48

1.468Breath Volume 02:48

0.000Air Blank 02:49

0.000Air Blank 02:50

# 2 0.135Subject Sample 02:51

1.179Breath Volume 02:51

0.000Air Blank 02:51

0.078Control Test 02:52

0.000Air Blank 02:52

OKDiagnostics Check 02:52

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:23:3204/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:48

SOUTH MIAMI PD

RODRIGUEZ,DARIEN

05/05/2021

06419080A2

SOUTH MIAMI PD

RODRIGUEZ,DARIEN,

NELSON

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.080Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:15 No Sample Provided

0.000Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.195Subject Sample 03:18

2.210Breath Volume 03:18

0.000Air Blank 03:19

0.000Air Blank 03:21

# 3 0.200Subject Sample 03:21

2.386Breath Volume 03:21

0.000Air Blank 03:22

0.079Control Test 03:22

0.000Air Blank 03:23

OKDiagnostics Check 03:23

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:2004/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:58

MIAMI-DADE PD

DOMINGUEZ,HORACIO

05/05/2021

06419080A2

MIAMI-DADE PD

CASTILLO,JOSUET,

MEDINA-PEREZ

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.081Control Test 00:37

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.082Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001277CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0804/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:58

MIAMI-DADE PD

DOMINGUEZ,HORACIO

05/05/2021

06419080A2

MICCOSUKEE PD

CASTILLO,JOSUET,

MEDINA-PEREZ

03/25/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:48

0.081Control Test 00:49

0.000Air Blank 00:49

# 1Subject Sample 00:50 Subject Test Refused

0.000Breath Volume 00:50

0.000Air Blank 00:51

0.081Control Test 00:51

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 04/29/2020 14:11

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2804/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

19:30

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

BURNS,D,L

PESCE

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:32

0.000Air Blank 22:33

0.081Control Test 22:33

0.000Air Blank 22:33

# 1Subject Sample 22:34 Subject Test Refused

0.000Breath Volume 22:34

0.000Air Blank 22:34

0.081Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:4004/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:26

Jacksonville SO

BARNES,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

LALIBERTE

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.079Control Test 00:44

0.000Air Blank 00:45

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.078Control Test 00:46

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2104/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

23:00

Jacksonville SO

FISETTE,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

POWELL

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.078Control Test 00:49

0.000Air Blank 00:49

# 1 0.282Subject Sample 00:50

1.257Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:52

# 2 0.277Subject Sample 00:53

1.777Breath Volume 00:53

0.000Air Blank 00:54

0.077Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:1004/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

01:39

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

POWELL,EDWARD,A

HERNANDEZ

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.078Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:12 Subject Test Refused

0.000Breath Volume 03:12

0.000Air Blank 03:13

0.079Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:15:0604/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:52

03:30

Jacksonville SO

JOHNS,B

08/05/2021

17919080A1

Jacksonville SO

POWELL,EDWARD,A

MARTINEZ MARTINEZ

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:12

0.078Control Test 05:13

0.000Air Blank 05:13

# 1Subject Sample 05:13 Subject Test Refused

0.000Breath Volume 05:13

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

OKDiagnostics Check 05:15

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:1004/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

20:20

Jacksonville SO

LAWSON,N

08/05/2021

17919080A1

Jacksonville SO

MCDONALD,M,R

TODD

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.079Control Test 21:48

0.000Air Blank 21:49

# 1 0.000Subject Sample 21:49

2.929Breath Volume 21:49

0.000Air Blank 21:50

0.000Air Blank 21:52

# 2 0.000Subject Sample 21:52

2.582Breath Volume 21:52

0.000Air Blank 21:53

0.079Control Test 21:53

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:2604/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:51

03:15

Jacksonville SO

CAMACHO,F

08/05/2021

17919080A1

Jacksonville SO

MCDONALD,M,R

WATSON

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:12

0.079Control Test 05:12

0.000Air Blank 05:13

# 1 0.131Subject Sample 05:13

3.628Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.124Subject Sample 05:16

3.292Breath Volume 05:16

0.000Air Blank 05:17

0.079Control Test 05:17

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:22:2004/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:59

04:27

Jacksonville SO

WILLIAMS,E

08/05/2021

17919080A1

Jacksonville Beach

HOLIDAY,EBONY,C

ORZO

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:19

0.000Air Blank 08:19

0.079Control Test 08:20

0.000Air Blank 08:20

# 1Subject Sample 08:20 Subject Test Refused

0.000Breath Volume 08:20

0.000Air Blank 08:21

0.078Control Test 08:21

0.000Air Blank 08:22

OKDiagnostics Check 08:22

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:1804/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

20:54

Jacksonville SO

FISETTE,J

08/05/2021

17919080A1

Jacksonville SO

ROBERTS,CHUCK,E

BARKER

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:44

0.000Air Blank 23:44

0.079Control Test 23:45

0.000Air Blank 23:45

# 1 0.000Subject Sample 23:46

3.011Breath Volume 23:46

0.000Air Blank 23:46

0.000Air Blank 23:48

# 2 0.000Subject Sample 23:48

2.886Breath Volume 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:48:3404/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:07

Jacksonville SO

ULYSSEE,S

08/05/2021

17919080A1

Jacksonville SO

SCOTT,J,A

PORTER

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:42

0.000Air Blank 04:42

0.080Control Test 04:43

0.000Air Blank 04:43

# 1 0.010Subject Sample 04:44

2.441Breath Volume 04:44

0.000Air Blank 04:44

0.000Air Blank 04:46

# 2 0.009Subject Sample 04:47

2.593Breath Volume 04:47

0.000Air Blank 04:47

0.080Control Test 04:47

0.000Air Blank 04:48

OKDiagnostics Check 04:48

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:36:2204/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:09

14:45

Jacksonville SO

MOELLER,R

08/05/2021

17919080A1

Jacksonville SO

YOHN,A,W

LEONARD

04/15/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.079Control Test 18:30

0.000Air Blank 18:31

# 1 0.000Subject Sample 18:31

2.042Breath Volume 18:31

0.000Air Blank 18:32

0.000Air Blank 18:34

# 2 0.000Subject Sample 18:35

1.914Breath Volume 18:35

0.000Air Blank 18:35

0.079Control Test 18:35

0.000Air Blank 18:36

OKDiagnostics Check 18:36

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001278CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2004/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

16:30

Jacksonville SO

CURRY,D

08/05/2021

17919080A1

Jacksonville SO

BURNS,D,L

VONESCHE

04/30/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.079Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:44 Subject Test Refused

0.000Breath Volume 21:44

0.000Air Blank 21:45

0.080Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/14/2020 11:00

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:0404/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

19:40

Jacksonville SO

SIMMONS,M

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

REED

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.078Control Test 21:49

0.000Air Blank 21:50

# 1Subject Sample 21:50 Subject Test Refused

0.000Breath Volume 21:50

0.000Air Blank 21:51

0.078Control Test 21:51

0.000Air Blank 21:51

OKDiagnostics Check 21:52

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:10:3304/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:44

20:30

Jacksonville SO

D'ALESSIO,C

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

LAURENT

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:04

0.000Air Blank 22:04

0.077Control Test 22:05

0.000Air Blank 22:05

# 1 0.083Subject Sample 22:06

2.246Breath Volume 22:06

0.000Air Blank 22:06

0.000Air Blank 22:08

# 2 0.078Subject Sample 22:09

1.878Breath Volume 22:09

0.000Air Blank 22:09

0.077Control Test 22:09

0.000Air Blank 22:10

OKDiagnostics Check 22:10

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1504/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:08

03:15

Jacksonville SO

CHAVEZ,J

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

JONES

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:28

0.000Air Blank 04:29

0.078Control Test 04:29

0.000Air Blank 04:30

# 1 0.000Subject Sample 04:31

2.007Breath Volume 04:31

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.000Subject Sample 04:33

1.285Breath Volume 04:33

0.000Air Blank 04:34

0.077Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:3804/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

22:36

Jacksonville SO

RITTERHOFF,J

10/05/2021

22419080A2

Jacksonville SO

SUTTON,BRADEN,J

GLEE

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:51

0.077Control Test 01:52

0.000Air Blank 01:52

# 1 0.096Subject Sample 01:53

1.812Breath Volume 01:53

0.000Air Blank 01:53

0.000Air Blank 01:55

# 2 0.097Subject Sample 01:56

2.761Breath Volume 01:56

0.000Air Blank 01:56

0.078Control Test 01:57

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2904/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:58

03:15

Jacksonville SO

JONES,B

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

DIXON

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:18

0.000Air Blank 05:18

0.077Control Test 05:19

0.000Air Blank 05:19

# 1 0.250Subject Sample 05:20

1.460Breath Volume 05:20

0.000Air Blank 05:20

0.000Air Blank 05:22

# 2 0.255Subject Sample 05:22

1.457Breath Volume 05:22

0.000Air Blank 05:23

0.077Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:5004/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:32

21:45

Jacksonville SO

VALERIO,E

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

CESERY

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.077Control Test 23:53

0.000Air Blank 23:54

# 1 0.000Subject Sample 23:54

2.066Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.000Subject Sample 23:57

1.804Breath Volume 23:57

0.000Air Blank 23:57

0.077Control Test 23:58

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5504/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:56

22:00

Jacksonville SO

WILLIAMS,C

10/05/2021

22419080A2

Jacksonville SO

DINKINS,CHRISTOPHER,D

MANGES

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.078Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 04/16/2020 11:40

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:25:3204/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

00:15

Jacksonville SO

WHITE,J

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

HAWK

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

# 1 0.154Subject Sample 02:21

1.128Breath Volume 02:21

0.000Air Blank 02:21

0.000Air Blank 02:23

# 2 0.161Subject Sample 02:24

2.003Breath Volume 02:24

0.000Air Blank 02:24

0.077Control Test 02:24

0.000Air Blank 02:25

OKDiagnostics Check 02:25

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:29:1704/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

19:45

Jacksonville SO

LAWSON,N

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

JORDAN

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.078Control Test 21:27

0.000Air Blank 21:27

# 1Subject Sample 21:27 Subject Test Refused

0.000Breath Volume 21:27

0.000Air Blank 21:28

0.078Control Test 21:28

0.000Air Blank 21:29

OKDiagnostics Check 21:29

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:2204/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

00:19

Jacksonville SO

THOMAS,J

10/05/2021

22419080A2

FHP Troop G

BERRY,SHANON,E

BUTLER

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.077Control Test 02:45

0.000Air Blank 02:45

# 1Subject Sample 02:45 Subject Test Refused

0.000Breath Volume 02:45

0.000Air Blank 02:46

0.078Control Test 02:46

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:50:3604/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

01:45

Jacksonville SO

VALERIO,E

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

ALVAREZ MALDONADO

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.077Control Test 03:48

0.000Air Blank 03:48

# 1Subject Sample 03:49 RFI Detect

2.300Breath Volume 03:49

0.000Air Blank 03:49

0.078Control Test 03:50

0.000Air Blank 03:50

OKDiagnostics Check 03:50

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:58:1304/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

01:45

Jacksonville SO

VALERIO,E

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

ALVAREZ MALDONADO

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:52

0.077Control Test 03:52

0.000Air Blank 03:53

# 1 0.177Subject Sample 03:53

2.542Breath Volume 03:53

0.000Air Blank 03:54

0.000Air Blank 03:56

# 2 0.171Subject Sample 03:56

2.519Breath Volume 03:56

0.000Air Blank 03:57

0.076Control Test 03:57

0.000Air Blank 03:58

OKDiagnostics Check 03:58

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:5304/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

21:19

Jacksonville SO

LAWSON,N

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

KEHYAIAN

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:03

0.078Control Test 23:03

0.000Air Blank 23:04

# 1 0.000Subject Sample 23:04

1.882Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.000Subject Sample 23:07

1.640Breath Volume 23:07

0.000Air Blank 23:07

0.077Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:0904/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:44

02:28

Jacksonville SO

D'ALLESIO,C

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

LOPEZ SALES

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:04

0.000Air Blank 05:05

0.078Control Test 05:05

0.000Air Blank 05:06

# 1 0.163Subject Sample 05:06

3.183Breath Volume 05:06

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2 0.160Subject Sample 05:09

3.015Breath Volume 05:09

0.000Air Blank 05:10

0.078Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:3404/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

00:38

Jacksonville SO

TORRES,W

10/05/2021

22419080A2

Neptune Beach PD

SCOTT,J,A

CRECELIUS

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.078Control Test 02:56

0.000Air Blank 02:57

# 1Subject Sample 02:58 Subject Test Refused

0.000Breath Volume 02:58

0.000Air Blank 02:58

0.078Control Test 02:58

0.000Air Blank 02:59

OKDiagnostics Check 02:59

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:42:1704/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

01:26

Jacksonville SO

RODRIGUEZ,M

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

JONES

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:36

0.000Air Blank 03:36

0.078Control Test 03:36

0.000Air Blank 03:37

# 1 0.000Subject Sample 03:37

2.546Breath Volume 03:37

0.000Air Blank 03:38

0.000Air Blank 03:40

# 2 0.000Subject Sample 03:40

3.835Breath Volume 03:40

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

OKDiagnostics Check 03:42

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001279CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:37:4604/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:55

Jacksonville SO

MOELLER,R

10/05/2021

22419080A2

Jacksonville SO

BERRY,SHANON,E

COLE

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.077Control Test 00:35

0.000Air Blank 00:36

# 1Subject Sample 00:36 Subject Test Refused

0.000Breath Volume 00:36

0.000Air Blank 00:36

0.077Control Test 00:37

0.000Air Blank 00:37

OKDiagnostics Check 00:37

Data Download Date/Time: 04/30/2020 12:13

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:1104/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

20:38

Jacksonville SO

RODRIGUEZ,M

08/05/2021

17919080A1

Jacksonville SO

BERRY,SHANON,E

KING

03/25/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:51

0.000Air Blank 22:51

0.078Control Test 22:52

0.000Air Blank 22:52

# 1Subject Sample 22:52 Subject Test Refused

0.000Breath Volume 22:52

0.000Air Blank 22:53

0.079Control Test 22:53

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 04/16/2020 10:47

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

20:30

Jacksonville SO

WHITE,J

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

JENKINS

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.078Control Test 22:39

0.000Air Blank 22:39

# 1Subject Sample 22:40 Subject Test Refused

0.000Breath Volume 22:40

0.000Air Blank 22:40

0.078Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:42:1204/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

21:26

Jacksonville SO

RODRIGUEZ,M

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

MARSHALL

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:34

0.080Control Test 23:34

0.000Air Blank 23:35

# 1 0.000Subject Sample 23:37

1.503Breath Volume 23:37

0.000Air Blank 23:37

0.000Air Blank 23:39

# 2 0.000Subject Sample 23:40

1.468Breath Volume 23:40

0.000Air Blank 23:41

0.079Control Test 23:41

0.000Air Blank 23:42

OKDiagnostics Check 23:42

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:1904/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

23:59

Jacksonville SO

ULYSSE,S

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

WALKER

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

# 1Subject Sample 02:19 Subject Test Refused

0.000Breath Volume 02:19

0.000Air Blank 02:20

0.077Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:02:4204/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:39

01:34

Jacksonville SO

LUGO,R

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

WILSON

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:59

0.000Air Blank 03:00

0.079Control Test 03:00

0.000Air Blank 03:01

# 1Subject Sample 03:01 Subject Test Refused

0.000Breath Volume 03:01

0.000Air Blank 03:01

0.079Control Test 03:02

0.000Air Blank 03:02

OKDiagnostics Check 03:02

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:1904/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

00:36

Jacksonville SO

HIXSON,C

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

DYER

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:23

0.000Air Blank 02:23

0.079Control Test 02:24

0.000Air Blank 02:24

# 1Subject Sample 02:24 Subject Test Refused

0.000Breath Volume 02:24

0.000Air Blank 02:25

0.079Control Test 02:25

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:4304/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:25

00:32

Jacksonville SO

HILLIARD,TROOPER

08/05/2021

17919080A1

FHP Troop G

SCOTT,J,A

HECHT-CALIFANO

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.080Control Test 03:46

0.000Air Blank 03:47

# 1 0.000Subject Sample 03:48

4.082Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.000Subject Sample 03:51

2.667Breath Volume 03:51

0.000Air Blank 03:51

0.079Control Test 03:52

0.000Air Blank 03:52

OKDiagnostics Check 03:52

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:2804/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

00:20

Jacksonville SO

RODRIGUEZ,M]

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

SANCHEZ NIEVES

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:29

0.000Air Blank 02:29

0.079Control Test 02:29

0.000Air Blank 02:30

# 1 0.000Subject Sample 02:31

2.632Breath Volume 02:31

0.000Air Blank 02:32

0.000Air Blank 02:34

# 2 0.000Subject Sample 02:35

3.125Breath Volume 02:35

0.000Air Blank 02:35

0.079Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:10:3204/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:44

08:50

Jacksonville SO

SANTORO,R

08/05/2021

17919080A1

Jacksonville SO

HOLIDAY,E,C

BENSON

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:07

0.000Air Blank 10:08

0.079Control Test 10:08

0.000Air Blank 10:08

# 1Subject Sample 10:09 Subject Test Refused

0.000Breath Volume 10:09

0.000Air Blank 10:09

0.079Control Test 10:09

0.000Air Blank 10:10

OKDiagnostics Check 10:10

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:1904/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:45

Jacksonville SO

DOUGHFMAN,D

08/05/2021

17919080A1

Jacksonville SO

KOVACS,TYLER,K

MOORE

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:49

0.000Air Blank 23:50

0.079Control Test 23:50

0.000Air Blank 23:51

# 1 0.201Subject Sample 23:52

1.992Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:54

# 2 0.191Subject Sample 23:56

1.156Breath Volume 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:58

OKDiagnostics Check 23:58

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:0804/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:27

01:15

Jacksonville SO

MORGAN,J

08/05/2021

17919080A1

FHP Troop G

KOVACS,TYLER,K

BAUTISTA SANTIAGO

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:47

0.000Air Blank 03:47

0.079Control Test 03:48

0.000Air Blank 03:48

# 1 0.128Subject Sample 03:49

2.078Breath Volume 03:49

0.000Air Blank 03:49

0.000Air Blank 03:51

# 2 0.127Subject Sample 03:52

2.175Breath Volume 03:52

0.000Air Blank 03:53

0.079Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001280CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:09:0904/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:44

13:37

Jacksonville SO

KASKI,M

08/05/2021

17919080A1

Jacksonville SO

HOLIDAY,E,C

LLOYD

04/16/2020

8100.27

JACKSONVILLE SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:06

0.000Air Blank 16:06

0.079Control Test 16:07

0.000Air Blank 16:07

# 1Subject Sample 16:07 Subject Test Refused

0.000Breath Volume 16:07

0.000Air Blank 16:08

0.079Control Test 16:08

0.000Air Blank 16:09

OKDiagnostics Check 16:09

Data Download Date/Time: 04/30/2020 12:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001285CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:1904/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:01

FHP Troop B

ADKINS,JAKE

11/15/2021

1048227

FHP Troop B

ADKINS,JAKE,M

SANCHEZ

03/06/2020

8100.27

GILCHRIST COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:50

0.000Air Blank 18:51

0.080Control Test 18:51

0.000Air Blank 18:52

# 1 0.227Subject Sample 18:52

1.425Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:54

# 2 0.214Subject Sample 18:55

1.257Breath Volume 18:55

0.000Air Blank 18:56

0.079Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 05/02/2020 12:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:51:2404/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:18

19:52

FHP Troop G

ROBINSON,KYLE

10/05/2020

24818080A3

FHP Troop G

HOFMANN,TRAVIS,A

CARTER

03/22/2020

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:39

0.000Air Blank 20:39

0.080Control Test 20:40

0.000Air Blank 20:40

# 1 0.196Subject Sample 20:42

1.945Breath Volume 20:42

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.219Subject Sample 20:46

1.191Breath Volume 20:46

0.000Air Blank 20:46

0.000Air Blank 20:48

# 3 0.199Subject Sample 20:49

1.257Breath Volume 20:49

0.000Air Blank 20:50

0.080Control Test 20:50

0.000Air Blank 20:51

OKDiagnostics Check 20:51

Data Download Date/Time: 04/29/2020 17:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001287CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:3004/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:35

FHP Troop G

VISMAN,CLAYTON

10/05/2020

24818080A3

FHP Troop G

VISMAN,CLAYTON,A

HERRON

03/22/2020

8100.27

BAKER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:29

0.000Air Blank 23:30

0.080Control Test 23:30

0.000Air Blank 23:31

# 1 0.155Subject Sample 23:33

1.582Breath Volume 23:33

0.000Air Blank 23:34

0.000Air Blank 23:35

# 2 0.154Subject Sample 23:38 Volume Not Met

0.988Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 3 0.167Subject Sample 23:41

2.140Breath Volume 23:41

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/29/2020 17:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001289CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:45:2304/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:51

FHP Troop G

NAEYAERT,JEFF

08/07/2020

823252

FHP Troop G

NAEYAERT,JEFF,H

LOPEZ

03/04/2020

8100.27

UNION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:40

0.000Air Blank 01:40

# 1 0.215Subject Sample 01:41

1.699Breath Volume 01:41

0.000Air Blank 01:41

0.000Air Blank 01:43

# 2 0.227Subject Sample 01:43

2.023Breath Volume 01:43

0.000Air Blank 01:44

0.079Control Test 01:44

0.000Air Blank 01:45

OKDiagnostics Check 01:45

Data Download Date/Time: 04/29/2020 10:50

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:30:1304/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:00

FHP Troop A

PYLE JR,HARRY

06/07/2021

970670

FHP Troop A

PYLE JR,HARRY,R

STRICTLAND

04/06/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:23

0.000Air Blank 21:23

0.080Control Test 21:24

0.000Air Blank 21:24

# 1 0.173Subject Sample 21:25

1.496Breath Volume 21:25

0.000Air Blank 21:25

0.000Air Blank 21:27

# 2 0.173Subject Sample 21:28

1.777Breath Volume 21:28

0.000Air Blank 21:29

0.081Control Test 21:29

0.000Air Blank 21:30

OKDiagnostics Check 21:30

Data Download Date/Time: 05/05/2020 08:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:50:4304/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:58

17:57

FHP Troop A

OPRY,JEFFREY

06/07/2021

970670

FHP Troop A

OPRY,JEFFREY,L

NEEL

04/06/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:43

0.000Air Blank 18:44

0.080Control Test 18:44

0.000Air Blank 18:45

# 1 0.321Subject Sample 18:46

3.785Breath Volume 18:46

0.000Air Blank 18:46

0.000Air Blank 18:48

# 2 0.312Subject Sample 18:49

2.257Breath Volume 18:49

0.000Air Blank 18:49

0.079Control Test 18:50

0.000Air Blank 18:50

OKDiagnostics Check 18:50

Data Download Date/Time: 05/05/2020 08:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001305CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5204/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

23:15

FHP Troop A

IVEY,BRUCE

06/07/2021

970670

FHP Troop A

IVEY,BRUCE,A

HALLEY

04/06/2020

8100.27

MARIANNA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:10

0.000Air Blank 01:11

# 1 0.199Subject Sample 01:12

1.363Breath Volume 01:12

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.201Subject Sample 01:15

1.660Breath Volume 01:15

0.000Air Blank 01:15

0.077Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 05/05/2020 08:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001307CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:30:3704/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:03

07:54

FHP Troop H

WRIGHT,JOSHUA

03/05/2021

00919080A2

FHP Troop H

WRIGHT,JOSHUA,N

GANDY

04/06/2020

8100.27

MADISON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:24

0.000Air Blank 08:24

0.079Control Test 08:25

0.000Air Blank 08:25

# 1 0.147Subject Sample 08:26

3.691Breath Volume 08:26

0.000Air Blank 08:26

0.000Air Blank 08:28

# 2 0.142Subject Sample 08:29

3.289Breath Volume 08:29

0.000Air Blank 08:29

0.079Control Test 08:30

0.000Air Blank 08:30

OKDiagnostics Check 08:30

Data Download Date/Time: 05/14/2020 11:31

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:42:5804/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:54

Bay County SO

YOUNG,ALEX

08/27/2021

AG923908

Bay County SO

YOUNG,ALEX,R

CARPENTER

03/24/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:40

0.000Air Blank 17:40

0.081Control Test 17:40

0.000Air Blank 17:41

# 1Subject Sample 17:41 Subject Test Refused

0.000Breath Volume 17:41

0.000Air Blank 17:42

0.080Control Test 17:42

0.000Air Blank 17:42

OKDiagnostics Check 17:42

Data Download Date/Time: 04/29/2020 16:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0504/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

21:10

Bay County SO

HALE,CHASE

08/27/2021

AG923908

Bay County SO

HARRELL,CHAD,A

CHRISTOPHER

03/24/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.080Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:06

Data Download Date/Time: 04/29/2020 16:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:0304/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:24

Bay County SO

MERRITT,DAKOTA

08/27/2021

AG923908

Bay County SO

MERRITT,DAKOTA,A

MILLER

03/24/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:22

0.000Air Blank 00:22

# 1Subject Sample 00:22 Subject Test Refused

0.000Breath Volume 00:22

0.000Air Blank 00:23

0.078Control Test 00:23

0.000Air Blank 00:23

OKDiagnostics Check 00:24

Data Download Date/Time: 04/29/2020 16:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:0504/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

20:43

Bay County SO

CIESLIK,JESSE

08/27/2021

AG923908

Bay County SO

POTTER,MONTREZ,R

DAIGLE

03/24/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

# 1Subject Sample 21:39 Subject Test Refused

0.000Breath Volume 21:39

0.000Air Blank 21:40

0.080Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 04/29/2020 16:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001309CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5504/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:11

FHP Troop A

COX,DAVID

08/27/2021

AG923908

FHP Troop A

RUBEL,NEIL,F

CORAM

03/24/2020

8100.27

BAY COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.000Subject Sample 03:29

3.882Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.000Subject Sample 03:32

3.593Breath Volume 03:32

0.000Air Blank 03:33

0.081Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 04/29/2020 16:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:46:1804/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

23:53

Walton County SO

PATTERSON,RYAN

03/05/2021

181692

Walton County SO

SCHULTZ,JEREMY,J

CORTES MICHUA

03/12/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 02:39

0.000Air Blank 02:39

0.079Control Test 02:40

0.000Air Blank 02:40

# 1 0.072Subject Sample 02:41

1.859Breath Volume 02:41

0.000Air Blank 02:41

0.000Air Blank 02:43

# 2 0.071Subject Sample 02:44

2.632Breath Volume 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

OKDiagnostics Check 02:46

Data Download Date/Time: 04/23/2020 11:08

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001312CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:2704/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:26

FHP Troop A

OPRY,WILLIAM

03/05/2021

181692

FHP Troop A

OPRY,WILLIAM,J

CONE

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:29

0.000Air Blank 22:30

# 1 0.115Subject Sample 22:30

1.441Breath Volume 22:30

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.122Subject Sample 22:33

2.582Breath Volume 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 05/17/2020 15:25

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:1704/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:25

Okeechobee County SO

VULETA,B

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

LOPEZ

04/08/2020

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1Subject Sample 01:32 Subject Test Refused

0.000Breath Volume 01:32

0.000Air Blank 01:33

0.081Control Test 01:33

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 05/11/2020 10:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:58

01:29

Okeechobee County SO

VARNADORE,RICHARD

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

GARCIA

04/08/2020

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:18

0.000Air Blank 02:19

0.081Control Test 02:19

0.000Air Blank 02:20

# 1Subject Sample 02:20 Subject Test Refused

0.000Breath Volume 02:20

0.000Air Blank 02:21

0.081Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 05/11/2020 10:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1504/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:36

Okeechobee County SO

WILLIAMS,MARC

01/15/2022

1076482

Okeechobee County SO

JONES,CARL,C

AYALA

04/08/2020

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.081Control Test 01:35

0.000Air Blank 01:36

# 1Subject Sample 01:37 Subject Test Refused

0.000Breath Volume 01:37

0.000Air Blank 01:38

0.082Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 05/11/2020 10:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001321CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:4604/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:33

23:11

Okeechobee County SO

ESQUIVEL,M

01/15/2022

1076482

Okeechobee County SO

WRIGHT,MARK,A

PINON

04/08/2020

8100.27

OKEECHOBEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

# 1Subject Sample 23:55 Subject Test Refused

0.000Breath Volume 23:55

0.000Air Blank 23:55

0.080Control Test 23:56

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/11/2020 10:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1704/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:12

Port St. Lucie PD

WILLIAMS,MICHAEL

04/05/2021

03519080A4

Port St. Lucie PD

WILLIAMS,MICHAEL,C

VALENTIN-AMARO

03/31/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:22

# 1 0.030Subject Sample 21:23

1.414Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.031Subject Sample 21:26

1.332Breath Volume 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0504/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:54

Port St. Lucie PD

APPELBAUM,KEITH

04/05/2021

03519080A4

Port St. Lucie PD

MCINERNEY,JESSE,L

CRUZ

03/31/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:32

0.000Air Blank 00:32

0.079Control Test 00:33

0.000Air Blank 00:33

# 1 0.302Subject Sample 00:34

2.585Breath Volume 00:34

0.000Air Blank 00:35

0.000Air Blank 00:37

# 2 0.292Subject Sample 00:37

2.039Breath Volume 00:37

0.000Air Blank 00:38

0.076Control Test 00:38

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001323CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:23:3804/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:50

Port St. Lucie PD

REYNOLDS,MATTHEW

04/05/2021

03519080A4

Port St. Lucie PD

TREVISOL,JOSEPH,D

AUBERSON

03/31/2020

8100.27

PORT ST LUCIE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 20:20

0.000Air Blank 20:21

0.079Control Test 20:21

0.000Air Blank 20:22

# 1Subject Sample 20:22 Subject Test Refused

0.000Breath Volume 20:22

0.000Air Blank 20:22

0.080Control Test 20:23

0.000Air Blank 20:23

OKDiagnostics Check 20:23

Data Download Date/Time: 04/30/2020 12:09

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:5204/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:25

01:08

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

RUDOLPH,B,D

WALKER

03/06/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.080Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 04/03/2020 09:48

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:1504/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:24

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

CINTRON,J,

PERERA

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.176Subject Sample 00:28

1.687Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.182Subject Sample 00:31

1.843Breath Volume 00:31

0.000Air Blank 00:32

0.079Control Test 00:32

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:16:3304/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

21:35

21:14

FFWCC (Ocala)

MARROQUIN,RICHARD

07/02/2022

1167545

FFWCC (Ocala)

MARROQUIN,RICHARD,J

GRISHAM

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:13

0.000Air Blank 22:14

0.079Control Test 22:14

0.000Air Blank 22:15

# 1Subject Sample 22:15 Subject Test Refused

0.000Breath Volume 22:15

0.000Air Blank 22:15

0.079Control Test 22:15

0.000Air Blank 22:16

OKDiagnostics Check 22:16

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:5004/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:17

15:29

Indian River Co SO

JAWORSKI,DEPUTY

07/02/2022

1167545

Indian River Co SO

WILLIAMS,DEPUTY,T

DIEKMAN

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:42

0.000Air Blank 16:43

0.080Control Test 16:43

0.000Air Blank 16:43

# 1 0.172Subject Sample 16:45

1.375Breath Volume 16:45

0.000Air Blank 16:46

0.000Air Blank 16:48

# 2 0.177Subject Sample 16:49

2.191Breath Volume 16:49

0.000Air Blank 16:49

0.079Control Test 16:50

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:17:4904/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:00

Indian River Co SO

WHITTINGTON,M

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

BARRIOS

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:14

0.000Air Blank 18:14

0.080Control Test 18:14

0.000Air Blank 18:15

# 1Subject Sample 18:16 Subject Test Refused

0.000Breath Volume 18:16

0.000Air Blank 18:16

0.080Control Test 18:17

0.000Air Blank 18:17

OKDiagnostics Check 18:17

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:14:1204/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:37

23:09

Vero Beach PD

SHAW,NICK

07/02/2022

1167545

Vero Beach PD

DOMINGUEZ,OSCAR,

HORTON

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:11

0.000Air Blank 00:11

0.079Control Test 00:11

0.000Air Blank 00:12

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:13

0.080Control Test 00:13

0.000Air Blank 00:14

OKDiagnostics Check 00:14

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5404/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:34

Indian River Co SO

SWEENEY,C

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

WILLIAMS

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.157Subject Sample 01:19

1.886Breath Volume 01:19

0.000Air Blank 01:19

0.000Air Blank 01:21

# 2 0.153Subject Sample 01:23

1.570Breath Volume 01:23

0.000Air Blank 01:23

0.078Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:3104/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:32

Indian River Co SO

FLORES,DEPUTY

07/02/2022

1167545

Indian River Co SO

WILLIAMS,DEPUTY,1

COUNCE

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:26

0.000Air Blank 22:26

0.081Control Test 22:27

0.000Air Blank 22:27

# 1Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.080Control Test 22:28

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:0004/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:38

21:00

Indian River Co SO

WARD,A

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

LOPEZ

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1 0.332Subject Sample 22:01

1.875Breath Volume 22:01

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.323Subject Sample 22:04

2.148Breath Volume 22:04

0.000Air Blank 22:05

0.078Control Test 22:05

0.000Air Blank 22:05

OKDiagnostics Check 22:06

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:29:5004/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:51

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

HOLMES

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

Air Blank 00:29 RFI Detect

Air Blank 00:29 RFI Detect

Data Download Date/Time: 05/01/2020 10:05

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:4404/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:51

Indian River Co SO

MANGEL,MELINDA

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

HOLMES

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:34

# 1Subject Sample 00:34 RFI Detect

0.000Breath Volume 00:34

Air Blank 00:34 RFI Detect

Air Blank 00:34 RFI Detect

Data Download Date/Time: 05/01/2020 10:05

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:5304/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:51

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

HOLMES

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:38

00:38 RFI Detect

Air Blank 00:38 RFI Detect

Data Download Date/Time: 05/01/2020 10:05

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:47:1504/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:51

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

HOLMES

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.080Control Test 00:41

0.000Air Blank 00:42

# 1 0.254Subject Sample 00:43

2.441Breath Volume 00:43

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:46

0.079Control Test 00:46

0.000Air Blank 00:47

OKDiagnostics Check 00:47

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:23:4504/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:38

04:37

Indian River Co SO

MANGEL,M

07/02/2022

1167545

Indian River Co SO

CINTRON,J,

WALLACH

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:20

0.000Air Blank 07:21

0.080Control Test 07:21

0.000Air Blank 07:21

# 1Subject Sample 07:22 Subject Test Refused

0.000Breath Volume 07:22

0.000Air Blank 07:22

0.080Control Test 07:23

0.000Air Blank 07:23

OKDiagnostics Check 07:23

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:33:5504/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:05

15:13

Indian River Co SO

SINGH,T

07/02/2022

1167545

Sebastian PD

SIGNORELLI,A,

BAKER

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.080Control Test 16:31

0.000Air Blank 16:32

# 1Subject Sample 16:32 Subject Test Refused

0.000Breath Volume 16:32

0.000Air Blank 16:33

0.080Control Test 16:33

0.000Air Blank 16:33

OKDiagnostics Check 16:33

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:15:2804/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:44

17:16

Indian River Co SO

OREHOSTKY,G

07/02/2022

1167545

Indian River Co SO

SIGNORELLI,A,

BENNETT

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:07

0.000Air Blank 18:08

0.080Control Test 18:08

0.000Air Blank 18:09

# 1 0.000Subject Sample 18:10

1.734Breath Volume 18:10

0.000Air Blank 18:11

0.000Air Blank 18:13

# 2 0.000Subject Sample 18:14

1.425Breath Volume 18:14

0.000Air Blank 18:14

0.079Control Test 18:14

0.000Air Blank 18:15

OKDiagnostics Check 18:15

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:2704/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:05

Indian River Co SO

PEREZ,C

07/02/2022

1167545

Indian River Co SO

GRANDY,KEVIN,

LAUFFER

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.080Control Test 00:42

0.000Air Blank 00:43

# 1 0.157Subject Sample 00:43

2.699Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.158Subject Sample 00:46

2.042Breath Volume 00:46

0.000Air Blank 00:47

0.078Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:33:4104/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:07

18:03

Indian River Co SO

MCKENZE,B

07/02/2022

1167545

Sebastian PD

HISS,J,M

DRNEC

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:27

0.000Air Blank 19:27

0.080Control Test 19:28

0.000Air Blank 19:28

# 1 0.000Subject Sample 19:29

3.335Breath Volume 19:29

0.000Air Blank 19:29

0.000Air Blank 19:31

# 2 0.000Subject Sample 19:32

3.699Breath Volume 19:32

0.000Air Blank 19:32

0.080Control Test 19:33

0.000Air Blank 19:33

OKDiagnostics Check 19:33

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001328CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:49:2604/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

04:52

Indian River Co SO

MANGEL,MELINDA

07/02/2022

1167545

Indian River Co SO

KEARSE,ANGIE,D

WROBLESKI

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.080Control Test 05:47

0.000Air Blank 05:47

# 1Subject Sample 05:48 Subject Test Refused

0.000Breath Volume 05:48

0.000Air Blank 05:48

0.080Control Test 05:48

0.000Air Blank 05:49

OKDiagnostics Check 05:49

Data Download Date/Time: 05/01/2020 10:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001329CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:5604/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:51

Indian River Co SO

EGGERS,RYAN

07/02/2022

1167545

Indian River Co SO

RODRIGUEZ,MAEGAN,R

HAYDEN

04/03/2020

8100.27

INDIAN RIVER CO. SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.083Control Test 23:44

0.000Air Blank 23:44

# 1 0.139Subject Sample 23:45

1.917Breath Volume 23:45

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.142Subject Sample 23:48

2.507Breath Volume 23:48

0.000Air Blank 23:49

0.083Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 05/01/2020 10:16

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001341CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:03:2704/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:33

13:10

DeSoto County SO

VASQUEZ,BRYANT

11/05/2021

24119080A1

DeSoto County SO

WEMHEUER,MICHAEL,W

NESS

03/30/2020

8100.27

DESOTO COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:57

0.000Air Blank 13:57

0.080Control Test 13:57

0.000Air Blank 13:58

# 1 0.121Subject Sample 13:59

1.367Breath Volume 13:59

0.000Air Blank 13:59

0.000Air Blank 14:01

# 2 0.121Subject Sample 14:01

1.269Breath Volume 14:01

0.000Air Blank 14:02

0.080Control Test 14:02

0.000Air Blank 14:03

OKDiagnostics Check 14:03

Data Download Date/Time: 04/29/2020 10:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0904/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:14

Sarasota County SO

COKER,OFC

08/05/2021

17919080A2

North Port PD

BRENCKLE,DEP,T

MCNEIL

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:37

0.079Control Test 23:37

0.000Air Blank 23:38

# 1 0.112Subject Sample 23:38

1.824Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:41

# 2 0.115Subject Sample 23:41

1.835Breath Volume 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0604/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

03:05

Sarasota County SO

ACKLEY,M

08/05/2021

17919080A2

Sarasota County SO

NAMORS,JASON,R

OGOZAREK JR.

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:56

0.000Air Blank 04:57

0.080Control Test 04:57

0.000Air Blank 04:57

# 1 0.145Subject Sample 04:58

1.519Breath Volume 04:58

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.151Subject Sample 05:01

1.839Breath Volume 05:01

0.000Air Blank 05:02

0.080Control Test 05:02

0.000Air Blank 05:03

OKDiagnostics Check 05:03

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:48:1304/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:08

17:07

Sarasota County SO

FOLADVANDI,M

08/05/2021

17919080A2

North Port PD

NAMORS,JASON,

RHEINECKER

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:41

0.000Air Blank 18:42

0.079Control Test 18:42

0.000Air Blank 18:43

# 1 0.000Subject Sample 18:43

4.093Breath Volume 18:43

0.000Air Blank 18:44

0.000Air Blank 18:46

# 2 0.000Subject Sample 18:46

3.960Breath Volume 18:46

0.000Air Blank 18:47

0.080Control Test 18:47

0.000Air Blank 18:48

OKDiagnostics Check 18:48

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:27:4804/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

19:40

Sarasota County SO

COKER,J

08/05/2021

17919080A2

North Port PD

MITCHELL,N,N

SANDERS

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:19

0.000Air Blank 23:19

0.080Control Test 23:20

0.000Air Blank 23:20

# 1Subject Sample 23:23 No Sample Provided

0.000Breath Volume 23:23

0.000Air Blank 23:24

0.000Air Blank 23:26

# 2Subject Sample 23:26 Subject Test Refused

0.000Breath Volume 23:26

0.000Air Blank 23:26

0.080Control Test 23:27

0.000Air Blank 23:27

OKDiagnostics Check 23:27

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:3304/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:22

00:22

Sarasota County SO

WATSON,D

08/05/2021

17919080A2

Sarasota County SO

WATSON,D,

MILLER

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:11

0.080Control Test 01:12

0.000Air Blank 01:12

# 1 0.118Subject Sample 01:13

2.085Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.125Subject Sample 01:16

1.582Breath Volume 01:16

0.000Air Blank 01:16

0.079Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:52:2704/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:39

Sarasota County SO

MARTIN,DEP

08/05/2021

17919080A2

Sarasota County SO

RODRIGUEZ,DANIEL,

VEGAALVAREZ

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:49

0.080Control Test 01:49

0.000Air Blank 01:50

# 1Subject Sample 01:50 Subject Test Refused

0.296Breath Volume 01:50

0.000Air Blank 01:51

0.080Control Test 01:51

0.000Air Blank 01:52

OKDiagnostics Check 01:52

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:0904/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:43

00:59

Sarasota County SO

BRENCKLE,DEP

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEP,T

GALBREATH

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.080Control Test 02:04

0.000Air Blank 02:05

# 1 0.237Subject Sample 02:05

1.859Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 2 0.239Subject Sample 02:08

1.859Breath Volume 02:08

0.000Air Blank 02:09

0.079Control Test 02:09

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:3104/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:05

00:39

Sarasota County SO

MARTIN,DEP

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEP,T

VEGA

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:12

0.000Air Blank 02:12

0.080Control Test 02:12

0.000Air Blank 02:13

# 1Subject Sample 02:16 No Sample Provided

0.000Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2Subject Sample 02:22 No Sample Provided

0.000Breath Volume 02:22

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:0004/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

23:47

Sarasota County SO

MARTINEZ,OFC

08/05/2021

17919080A2

Sarasota PD

BRENCKLE,DEP,T

HULL

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

Air Blank 01:35 RFI Detect

0.000Air Blank 01:36

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4804/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

23:47

Sarasota County SO

MARTINEZ,OFC

08/05/2021

17919080A2

Sarasota PD

BRENCKLE,DEP,T

HULL

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:37

0.000Air Blank 01:37

0.077Control Test 01:38

0.000Air Blank 01:38

# 1 0.174Subject Sample 01:41 Volume Not Met

0.378Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.177Subject Sample 01:45

2.203Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 3 0.180Subject Sample 01:48

1.796Breath Volume 01:48

0.000Air Blank 01:48

0.078Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:1604/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

21:08

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

NAMORS,JASON,

DANIELS

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:57

0.000Air Blank 21:58

0.079Control Test 21:58

0.000Air Blank 21:58

# 1 0.000Subject Sample 21:59

3.335Breath Volume 21:59

0.000Air Blank 22:00

0.000Air Blank 22:02

# 2 0.000Subject Sample 22:02

1.359Breath Volume 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4304/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:13

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

EXNER

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

# 1 0.119Subject Sample 23:29

2.371Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.120Subject Sample 23:33

2.507Breath Volume 23:33

0.000Air Blank 23:33

0.077Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:5904/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

23:40

North Port PD

SANDERS,JOSHUA

08/05/2021

17919080A2

Sarasota County SO

CAMBRIA,STEVEN,J

KADEL

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:34

0.000Air Blank 00:35

0.080Control Test 00:35

0.000Air Blank 00:35

# 1 0.020Subject Sample 00:37

2.207Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.016Subject Sample 00:40

2.687Breath Volume 00:40

0.000Air Blank 00:41

0.078Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:19:5204/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:41

01:18

Sarasota County SO

BELL,D

08/05/2021

17919080A2

Sarasota County SO

NAMORS,JASON,

JULIANO

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:13

0.000Air Blank 02:13

0.080Control Test 02:14

0.000Air Blank 02:14

# 1 0.151Subject Sample 02:14

1.234Breath Volume 02:14

0.000Air Blank 02:15

0.000Air Blank 02:17

# 2 0.154Subject Sample 02:18

1.531Breath Volume 02:18

0.000Air Blank 02:18

0.079Control Test 02:19

0.000Air Blank 02:19

OKDiagnostics Check 02:19

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:2404/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:36

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

CROSEN

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:49

0.000Air Blank 00:49

0.079Control Test 00:50

0.000Air Blank 00:50

# 1 0.330Subject Sample 00:50

1.164Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.341Subject Sample 00:53

1.824Breath Volume 00:53

0.000Air Blank 00:54

0.077Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:1404/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:26

Sarasota County SO

FLINT,SERGEANT

08/05/2021

17919080A2

Sarasota County SO

FLINT,SERGEANT,C

VALDES

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:21

0.000Air Blank 02:22

0.080Control Test 02:22

0.000Air Blank 02:22

# 1 0.039Subject Sample 02:24

3.148Breath Volume 02:24

0.000Air Blank 02:24

0.000Air Blank 02:26

# 2 0.038Subject Sample 02:27

3.609Breath Volume 02:27

0.000Air Blank 02:28

0.079Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:1004/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:38

05:50

FHP Troop F

SUERO,JOYRICK

08/05/2021

17919080A2

FHP Troop F

JONES,DANIEL,A

JONES

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:02

0.000Air Blank 07:03

0.079Control Test 07:03

0.000Air Blank 07:04

# 1 0.000Subject Sample 07:04

1.828Breath Volume 07:04

0.000Air Blank 07:04

0.000Air Blank 07:06

# 2 0.000Subject Sample 07:07

1.367Breath Volume 07:07

0.000Air Blank 07:08

0.079Control Test 07:08

0.000Air Blank 07:09

OKDiagnostics Check 07:09

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:04:1804/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:47

Sarasota County SO

BOWERS,JOSEPH

08/05/2021

17919080A2

Sarasota County SO

BOWERS,DEPUTY,J

TRUELOVE

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:00

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:02 Subject Test Refused

0.000Breath Volume 23:02

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

OKDiagnostics Check 23:04

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1804/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

22:48

FHP Troop F

LEDFORD,TAYLOR

08/05/2021

17919080A2

FHP Troop F

LEDFORD,TAYLOR,M

EDMONDS

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.079Control Test 02:03

0.000Air Blank 02:03

# 1Subject Sample 02:03 Subject Test Refused

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.079Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:02:4704/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

22:56

Sarasota County SO

BRENCKLE,DEP

08/05/2021

17919080A2

Sarasota County SO

BRENCKLE,DEP,T

MORRIS

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:57

0.079Control Test 23:57

0.000Air Blank 23:57

# 2 0.282Subject Sample 23:58

2.613Breath Volume 23:58

0.000Air Blank 23:58

0.000Air Blank 00:00

# 1 0.271Subject Sample 00:01

2.003Breath Volume 00:01

0.000Air Blank 00:01

0.078Control Test 00:02

0.000Air Blank 00:02

OKDiagnostics Check 00:02

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:32:5504/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:47

Sarasota County SO

BRUNO,OFC

08/05/2021

17919080A2

Sarasota PD

RODRIGUEZ,DANIEL,

PEREZLOPEZ

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:25

0.000Air Blank 01:26

0.080Control Test 01:26

0.000Air Blank 01:26

# 1 0.218Subject Sample 01:27

1.851Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 2 0.220Subject Sample 01:31

2.082Breath Volume 01:31

0.000Air Blank 01:32

0.076Control Test 01:32

0.000Air Blank 01:32

OKDiagnostics Check 01:32

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001344CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:10:3204/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:40

06:30

Sarasota PD

VERMILLION,OFC

08/05/2021

17919080A2

Sarasota PD

VERMILLION,OFC,B

BENCE

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:04

0.000Air Blank 07:04

0.079Control Test 07:05

0.000Air Blank 07:05

# 1 0.000Subject Sample 07:06

1.925Breath Volume 07:06

0.000Air Blank 07:06

0.000Air Blank 07:08

# 2 0.000Subject Sample 07:09

1.542Breath Volume 07:09

0.000Air Blank 07:09

0.079Control Test 07:09

0.000Air Blank 07:10

OKDiagnostics Check 07:10

Data Download Date/Time: 04/30/2020 12:01

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:2804/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:51

Sarasota County SO

SANDERS,DEP J

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

RHODES

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

# 1 0.240Subject Sample 22:13

2.496Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.238Subject Sample 22:15

2.640Breath Volume 22:15

0.000Air Blank 22:16

0.078Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:51:2304/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:25

Sarasota County SO

PODHYSKI,TRP P

06/05/2020

10818080A4

FHP Troop F

MILLER,DEP,R

CARRENO

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:45

0.000Air Blank 00:46

0.078Control Test 00:46

0.000Air Blank 00:47

# 1 0.239Subject Sample 00:47

2.652Breath Volume 00:47

0.000Air Blank 00:48

Air Blank 00:50 RFI Detect

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:51

OKDiagnostics Check 00:51

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:03:0004/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

00:25

Sarasota County SO

PODHYSKI,TRP P

06/05/2020

10818080A4

FHP Troop F

MILLER,DEP,R

CARRENO

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.078Control Test 00:54

0.000Air Blank 00:55

# 1 0.233Subject Sample 00:55

2.703Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.203Subject Sample 00:58

1.613Breath Volume 00:58

0.000Air Blank 00:59

0.000Air Blank 01:01

# 3 0.202Subject Sample 01:01

1.324Breath Volume 01:01

0.000Air Blank 01:02

0.078Control Test 01:02

0.000Air Blank 01:02

OKDiagnostics Check 01:03

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:53:4704/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:25

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

TOPJUN

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.077Control Test 22:48

0.000Air Blank 22:49

# 1 0.131Subject Sample 22:49

3.976Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:51

# 2 0.132Subject Sample 22:52

3.371Breath Volume 22:52

0.000Air Blank 22:52

0.076Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:53

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3804/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:46

02:45

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

DIAZ JR

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

# 1Subject Sample 03:08 Subject Test Refused

0.000Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:5004/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:45

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

DIAZ JR

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:14

0.000Air Blank 03:15

0.079Control Test 03:15

0.000Air Blank 03:16

# 1 0.000Subject Sample 03:16

2.937Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.000Subject Sample 03:19

2.144Breath Volume 03:19

0.000Air Blank 03:19

0.079Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:09:1504/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:43

04:40

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

ADRIANZEN POMA

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.078Control Test 05:04

0.000Air Blank 05:04

# 1 0.164Subject Sample 05:05

3.187Breath Volume 05:05

0.000Air Blank 05:05

0.000Air Blank 05:07

# 2 0.145Subject Sample 05:07

1.945Breath Volume 05:07

0.000Air Blank 05:08

0.078Control Test 05:08

0.000Air Blank 05:09

OKDiagnostics Check 05:09

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:4304/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:02

Sarasota County SO

MILLER,DEP R

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

ROSSNEY

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:53

0.000Air Blank 21:54

0.078Control Test 21:54

0.000Air Blank 21:54

# 1 0.145Subject Sample 21:55

3.082Breath Volume 21:55

0.000Air Blank 21:55

0.000Air Blank 21:57

# 2 0.143Subject Sample 21:58

3.050Breath Volume 21:58

0.000Air Blank 21:58

0.076Control Test 21:59

0.000Air Blank 21:59

OKDiagnostics Check 21:59

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0804/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:44

Sarasota County SO

SANDERS,DEP J

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

BARRETT

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:06

0.000Air Blank 00:06

0.079Control Test 00:07

0.000Air Blank 00:07

# 1 0.260Subject Sample 00:09

1.367Breath Volume 00:09

0.000Air Blank 00:09

0.000Air Blank 00:11

# 2 0.235Subject Sample 00:14

1.324Breath Volume 00:14

0.000Air Blank 00:15

0.000Air Blank 00:17

# 3 0.233Subject Sample 00:17

1.285Breath Volume 00:17

0.000Air Blank 00:18

0.078Control Test 00:18

0.000Air Blank 00:19

OKDiagnostics Check 00:19

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001346CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:3004/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:34

18:34

Sarasota County SO

BELL,DEP D

06/05/2020

10818080A4

Sarasota County SO

MILLER,DEP,R

EDDY

03/26/2020

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:54

0.000Air Blank 18:54

0.079Control Test 18:55

0.000Air Blank 18:55

# 1 0.093Subject Sample 18:56

2.375Breath Volume 18:56

0.000Air Blank 18:56

0.000Air Blank 18:58

# 2 0.095Subject Sample 18:59

2.105Breath Volume 18:59

0.000Air Blank 18:59

0.079Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 04/29/2020 08:33

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:38:5504/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:30

Gainesville PD

BURWELL,MARK

10/05/2020

24818080A2

Gainesville PD

BURWELL,MARK,J

BOND

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.080Control Test 02:36

0.000Air Blank 02:37

# 1Subject Sample 02:37 Subject Test Refused

0.000Breath Volume 02:37

0.000Air Blank 02:38

0.081Control Test 02:38

0.000Air Blank 02:38

OKDiagnostics Check 02:38

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:24:3204/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:48

Gainesville PD

SHRIGLEY,ROBERT

10/05/2020

24818080A2

Gainesville PD

VALDES,LYNNE,S

THOMAS JR

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:22

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

# 1Subject Sample 21:23 RFI Detect

0.000Breath Volume 21:23

Air Blank 21:24 RFI Detect

0.000Air Blank 21:24

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:3704/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

20:48

Gainesville PD

SHRIGLEY,ROBERT

10/05/2020

24818080A2

Gainesville PD

VALDES,LYNNE,S

THOMAS JR

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:27

0.000Air Blank 21:27

0.080Control Test 21:28

0.000Air Blank 21:28

# 1Subject Sample 21:31 No Sample Provided

0.000Breath Volume 21:31

0.000Air Blank 21:32

0.000Air Blank 21:34

# 2Subject Sample 21:37 No Sample Provided

0.000Breath Volume 21:37

0.000Air Blank 21:37

0.080Control Test 21:38

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:2104/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:00

Gainesville PD

BURWELL,MARK

10/05/2020

24818080A2

Gainesville PD

BURWELL,MARK,J

VELAZQUEZ

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

# 1 0.200Subject Sample 21:32

3.906Breath Volume 21:32

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.200Subject Sample 21:35

3.738Breath Volume 21:35

0.000Air Blank 21:36

0.079Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:30:0304/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:49

Gainesville PD

ROWE,JASON

10/05/2020

24818080A2

Gainesville PD

ROWE,JASON,S

HUFFMAN

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:26

0.000Air Blank 17:27

0.077Control Test 17:27

0.000Air Blank 17:27

# 1Subject Sample 17:28 RFI Detect

0.644Breath Volume 17:28

0.000Air Blank 17:29

0.077Control Test 17:29

0.000Air Blank 17:29

OKDiagnostics Check 17:30

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:37:4204/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:55

16:49

Gainesville PD

ROWE,JASON

10/05/2020

24818080A2

Gainesville PD

ROWE,JASON,S

HUFFMAN

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:31

0.000Air Blank 17:32

0.078Control Test 17:32

0.000Air Blank 17:33

# 1 0.000Subject Sample 17:33

2.066Breath Volume 17:33

0.000Air Blank 17:33

0.000Air Blank 17:35

# 2 0.000Subject Sample 17:36

1.441Breath Volume 17:36

0.000Air Blank 17:36

0.079Control Test 17:37

0.000Air Blank 17:37

OKDiagnostics Check 17:37

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:05:0204/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

17:57

Gainesville PD

GUYTON,JOHN

10/05/2020

24818080A2

Gainesville PD

GUYTON,JOHN,A

BODISON

03/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:58

0.000Air Blank 18:59

0.079Control Test 18:59

0.000Air Blank 19:00

# 1 0.000Subject Sample 19:00

2.117Breath Volume 19:00

0.000Air Blank 19:01

0.000Air Blank 19:03

# 2 0.000Subject Sample 19:03

3.039Breath Volume 19:03

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:04

OKDiagnostics Check 19:05

Data Download Date/Time: 04/27/2020 02:03

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:10:4604/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:39

19:33

Gainesville PD

MILLER,HAYLEY

10/05/2020

24818080A2

Gainesville PD

KOPROWSKI,JOHN,J

MALDONADO

04/27/2020

8100.27

GAINESVILLE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:59

0.000Air Blank 19:59

0.079Control Test 20:00

0.000Air Blank 20:00

# 1Subject Sample 20:03 No Sample Provided

0.000Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:06

# 2Subject Sample 20:09 No Sample Provided

0.000Breath Volume 20:09

0.000Air Blank 20:09

0.078Control Test 20:10

0.000Air Blank 20:10

OKDiagnostics Check 20:10

Data Download Date/Time: 05/27/2020 23:41

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:3904/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:40

Pinellas County SO

TORO,J

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

CORR

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.082Control Test 00:26

0.000Air Blank 00:27

# 1 0.101Subject Sample 00:28

2.914Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.115Subject Sample 00:31

3.335Breath Volume 00:31

0.000Air Blank 00:31

0.081Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1904/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

02:32

Pinellas County SO

SKALKO,R

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

WASHINGTON

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.081Control Test 03:59

0.000Air Blank 03:59

# 1 0.008Subject Sample 04:00

1.507Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.008Subject Sample 04:03

1.519Breath Volume 04:03

0.000Air Blank 04:04

0.082Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:3504/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:03

01:36

Pinellas County SO

GAMBEL,ZOE

06/12/2021

AG916303

Pinellas County SO

MORRIS,BRIDGETT,A

CARLOSFELIPE

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:24

0.000Air Blank 02:24

0.081Control Test 02:24

0.000Air Blank 02:25

# 1 0.202Subject Sample 02:25

1.687Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2 0.195Subject Sample 02:28

1.960Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:57:5404/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:30

11:54

Pinellas County SO

BUSCH,TYLER

06/05/2020

AG815602

Pinellas County SO

EVARTS,JASON,R

EHRKE

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:50

0.000Air Blank 12:51

0.082Control Test 12:51

0.000Air Blank 12:52

# 1 0.297Subject Sample 12:53

2.203Breath Volume 12:53

0.000Air Blank 12:53

0.000Air Blank 12:55

# 2 0.303Subject Sample 12:56

1.773Breath Volume 12:56

0.000Air Blank 12:56

0.080Control Test 12:57

0.000Air Blank 12:57

OKDiagnostics Check 12:57

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:26:2104/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:08

Pinellas County SO

SKALKO,R

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

TURKMEN

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.080Control Test 20:23

0.000Air Blank 20:23

# 1Subject Sample 20:24 Subject Test Refused

0.000Breath Volume 20:24

0.000Air Blank 20:25

0.081Control Test 20:25

0.000Air Blank 20:26

OKDiagnostics Check 20:26

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:0604/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:33

Pinellas County SO

GAMBEL,Z

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

LYON

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:06

0.000Air Blank 00:07

0.082Control Test 00:07

0.000Air Blank 00:07

# 1 0.112Subject Sample 00:11 Volume Not Met

0.074Breath Volume 00:11

Air Blank 00:11 RFI Detect

Air Blank 00:11 RFI Detect

0.000Air Blank 00:12

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:5504/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

22:33

Pinellas County SO

GAMBEL,Z

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

LYON

03/06/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.080Control Test 00:16

0.000Air Blank 00:16

# 1 0.124Subject Sample 00:17

2.937Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.124Subject Sample 00:20

1.707Breath Volume 00:20

0.000Air Blank 00:21

0.081Control Test 00:21

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:2104/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:27

05:03

Pinellas County SO

MULLINS,J

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

WILLIAMS

04/24/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.081Control Test 05:48

0.000Air Blank 05:49

# 1Subject Sample 05:49 Subject Test Refused

0.000Breath Volume 05:49

0.000Air Blank 05:50

0.081Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 04/24/2020 21:05

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:24:2604/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:22

Pinellas County SO

FIGUEROA,C

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

CRANSTON

04/24/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:19

# 1 0.000Subject Sample 03:20

2.406Breath Volume 03:20

0.000Air Blank 03:20

0.000Air Blank 03:22

# 2 0.000Subject Sample 03:23

2.292Breath Volume 03:23

0.000Air Blank 03:23

0.081Control Test 03:23

0.000Air Blank 03:24

OKDiagnostics Check 03:24

Data Download Date/Time: 05/14/2020 14:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001367CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:2704/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

03:15

Pinellas County SO

GAMBEL,Z

06/12/2021

AG916303

Pinellas County SO

CROSS,M,S

TILLEY

04/24/2020

8100.27

PINELLAS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.082Control Test 03:58

0.000Air Blank 03:58

# 1 0.000Subject Sample 03:59

2.660Breath Volume 03:59

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.000Subject Sample 04:02

2.484Breath Volume 04:02

0.000Air Blank 04:02

0.082Control Test 04:02

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 05/14/2020 14:28

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:4104/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:00

Orange County SO

MCKINNON,SIR FRANCIS

05/05/2021

06419080A1

FHP Troop D

DENSON,TRAVIS,W

HUBBARD

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.082Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:22 Subject Test Refused

0.000Breath Volume 22:22

0.000Air Blank 22:22

0.082Control Test 22:23

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 04/09/2020 15:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:09:1204/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:14

Orange County SO

AZEVEDO,FABIO

05/05/2021

06419080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

MALLOY

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:55

0.000Air Blank 06:55

0.080Control Test 06:55

0.000Air Blank 06:56

# 1 0.247Subject Sample 06:56

1.105Breath Volume 06:56

0.000Air Blank 06:57

0.000Air Blank 06:59

# 2 0.237Subject Sample 07:02 Volume Not Met

0.085Breath Volume 07:02

0.000Air Blank 07:03

0.000Air Blank 07:05

# 3 0.235Subject Sample 07:07

1.171Breath Volume 07:07

0.000Air Blank 07:08

0.074Control Test 07:08 Control Outside Tolerance

0.000Air Blank 07:09

Data Download Date/Time: 04/09/2020 15:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:14:2504/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

06:14

Orange County SO

AZEVEDO,FABIO

05/05/2021

06419080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

MALLOY

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:13

0.000Air Blank 07:13

0.073Control Test 07:13 Control Outside Tolerance

0.000Air Blank 07:14

Data Download Date/Time: 04/09/2020 15:51

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:55:2904/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:44

Orange County SO

BERTZ,CHRISTOPHER

05/05/2021

06419080A1

Winter Garden PD

\,\,J

PINCHBACK

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:47

0.000Air Blank 23:47

0.080Control Test 23:47

0.000Air Blank 23:48

# 1 0.260Subject Sample 23:49

1.378Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 2 0.252Subject Sample 23:53

1.171Breath Volume 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:55

OKDiagnostics Check 23:55

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:2004/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:15

Orange County SO

CARBONE,ANDRES

05/05/2021

06419080A1

Orange County SO

SKOWRONSKI,JEFFREY,J

ROSA

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.081Control Test 00:14

0.000Air Blank 00:14

# 1 0.000Subject Sample 00:15

1.136Breath Volume 00:15

0.000Air Blank 00:15

0.000Air Blank 00:17

# 2 0.000Subject Sample 00:18

1.203Breath Volume 00:18

0.000Air Blank 00:19

0.081Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:3104/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:11

20:54

Orange County SO

JEAN BAPTISTE,ALBENS

05/05/2021

06419080A1

FHP Troop D

NERVAIS,TABITHA,J

CHAREE

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.079Control Test 22:40

0.000Air Blank 22:40

# 1 0.188Subject Sample 22:41

1.554Breath Volume 22:41

0.000Air Blank 22:41

0.000Air Blank 22:43

# 2 0.182Subject Sample 22:43

1.804Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

OKDiagnostics Check 22:45

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:4104/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:47

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

MOORE

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.081Control Test 00:37

0.000Air Blank 00:37

# 1Subject Sample 00:38 Slope Not Met

1.089Breath Volume 00:38

0.000Air Blank 00:38

0.082Control Test 00:39

0.000Air Blank 00:39

OKDiagnostics Check 00:39

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:1104/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:47

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

MOORE

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:41

0.000Air Blank 00:42

0.081Control Test 00:42

0.000Air Blank 00:43

# 1 0.307Subject Sample 00:43

1.578Breath Volume 00:43

0.000Air Blank 00:44

0.000Air Blank 00:46

# 2 0.303Subject Sample 00:46

2.164Breath Volume 00:46

0.000Air Blank 00:47

0.081Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:2304/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:47

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

MOORE

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

Air Blank 01:13 RFI Detect

Air Blank 01:13 RFI Detect

Data Download Date/Time: 04/23/2020 10:27

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:4304/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

23:47

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

MOORE

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.081Control Test 01:16

0.000Air Blank 01:16

# 1 0.300Subject Sample 01:17

2.902Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:19

# 2Subject Sample 01:20 Slope Not Met

0.890Breath Volume 01:20

0.000Air Blank 01:20

0.078Control Test 01:21

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 04/23/2020 10:27

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:2004/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:09

22:41

Orange County SO

RUSSO,ANDREW

05/05/2021

06419080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

MARTIN

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:34

0.000Air Blank 23:35

0.080Control Test 23:35

0.000Air Blank 23:36

# 1 0.253Subject Sample 23:36

2.562Breath Volume 23:36

0.000Air Blank 23:37

0.000Air Blank 23:38

# 2 0.244Subject Sample 23:39

3.007Breath Volume 23:39

0.000Air Blank 23:40

0.080Control Test 23:40

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 04/30/2020 17:07

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:1704/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:49

03:26

Orange County SO

BRAZEE,COLE

05/05/2021

06419080A1

Orange County SO

SKOWRONSKI,JEFFREY,J

PINEROGARCIA

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:15

0.081Control Test 04:16

0.000Air Blank 04:16

# 1 0.173Subject Sample 04:17

1.363Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.172Subject Sample 04:20

1.195Breath Volume 04:20

0.000Air Blank 04:21

0.081Control Test 04:21

0.000Air Blank 04:22

OKDiagnostics Check 04:22

Data Download Date/Time: 04/30/2020 17:07

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:14:1504/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:38

22:01

Orange County SO

RAMIREZ,MATTHEW

05/05/2021

06419080A1

Ocoee PD

SKOWRONSKI,JEFFREY,J

PEREZAGUSTIN

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:05

0.000Air Blank 23:06

0.081Control Test 23:06

0.000Air Blank 23:07

# 1 0.205Subject Sample 23:09

1.441Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:11

# 2 0.202Subject Sample 23:12

2.191Breath Volume 23:12

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:14

OKDiagnostics Check 23:14

Data Download Date/Time: 04/30/2020 17:07

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001420CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:4204/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

23:44

Orange County SO

MCLEAN,NICHOLAS

05/05/2021

06419080A1

FHP Troop D

ROSARIO SANTIAGO,ELDALY,J

WILLIAMS

04/02/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:40

0.081Control Test 01:40

0.000Air Blank 01:41

# 1 0.000Subject Sample 01:41

4.089Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:44

# 2 0.000Subject Sample 01:45

3.402Breath Volume 01:45

0.000Air Blank 01:45

0.081Control Test 01:46

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 04/30/2020 17:07

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3404/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:43

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

PEDRO-LUCAS

03/06/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:45

0.000Air Blank 00:45

0.077Control Test 00:46

0.000Air Blank 00:46

# 1 0.240Subject Sample 00:47

3.937Breath Volume 00:47

Air Blank 00:47 Purge Fail

Air Blank 00:48 Purge Fail

Data Download Date/Time: 04/09/2020 14:30

08 July 2020

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:0404/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:43

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

PEDRO-LUCAS

03/06/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:50

0.000Air Blank 00:51

0.084Control Test 00:51 Interferent Detect

0.000Air Blank 00:52

Data Download Date/Time: 04/09/2020 14:30

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:38:0604/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:30

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

BURKHARDT

03/06/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.078Control Test 00:37

Air Blank 00:37 Ambient Fail

0.000Air Blank 00:38

Data Download Date/Time: 04/09/2020 14:30

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001439CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:45:3204/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

00:30

Martin County SO

THOMAS,CHRISTOPHER

05/05/2020

05218080A4

Martin County SO

THOMAS,CHRISTOPHER,L

BURKHARDT

03/06/2020

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:41

0.081Control Test 00:41

0.000Air Blank 00:41

# 1 0.155Subject Sample 00:42

1.347Breath Volume 00:42

0.000Air Blank 00:43

Air Blank 00:45 Ambient Fail

0.000Air Blank 00:45

Data Download Date/Time: 04/09/2020 14:30

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:40:0704/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:08

01:26

COLLIER COUNTY SO

BRUGAL,G

02/05/2021

32518080A1

NAPLES PD

MARVIN,ANGELINA,M

LILLY

04/08/2020

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:33

0.000Air Blank 02:33

0.079Control Test 02:34

0.000Air Blank 02:34

# 1 0.207Subject Sample 02:35

2.750Breath Volume 02:35

0.000Air Blank 02:36

0.000Air Blank 02:38

# 2 0.190Subject Sample 02:38

1.445Breath Volume 02:38

0.000Air Blank 02:39

0.077Control Test 02:39

0.000Air Blank 02:40

OKDiagnostics Check 02:40

Data Download Date/Time: 04/23/2020 11:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:59:3704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:57

COLLIER COUNTY SO

KENNEDY,DANIEL

02/05/2021

32518080A1

COLLIER COUNTY SO

KENNEDY,DANIEL,L

TOMAS MIGUEL

04/08/2020

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:53

0.078Control Test 23:53

0.000Air Blank 23:54

# 1 0.233Subject Sample 23:54

1.269Breath Volume 23:54

0.000Air Blank 23:55

0.000Air Blank 23:57

# 2 0.221Subject Sample 23:58

1.660Breath Volume 23:58

0.000Air Blank 23:58

0.077Control Test 23:59

0.000Air Blank 23:59

OKDiagnostics Check 23:59

Data Download Date/Time: 04/23/2020 11:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001651CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:15:1804/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

00:22

COLLIER COUNTY SO

CARRILLO,X

02/05/2021

32518080A1

COLLIER COUNTY SO

CARRILLO,XAVIER,R

ANDRESGODINES

04/08/2020

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.077Control Test 02:09

0.000Air Blank 02:10

# 1 0.207Subject Sample 02:10

2.058Breath Volume 02:10

0.000Air Blank 02:11

0.000Air Blank 02:13

# 2 0.213Subject Sample 02:13

1.933Breath Volume 02:13

0.000Air Blank 02:14

0.077Control Test 02:14

0.000Air Blank 02:15

OKDiagnostics Check 02:15

Data Download Date/Time: 04/23/2020 11:57

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:19:5304/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:55

St. Petersburg PD

CLARK,BRENT

10/05/2020

24818080A3

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

WILLIAMS

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:18

Air Blank 13:19 Ambient Fail

0.000Air Blank 13:19

Data Download Date/Time: 04/14/2020 13:21

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:39:2404/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:55

St. Petersburg PD

CLARK,BRENT

10/05/2020

24818080A3

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

WILLIAMS

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:38

Air Blank 13:38 Ambient Fail

0.000Air Blank 13:39

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:46:0804/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:57

12:55

St. Petersburg PD

CLARK,BRENT

10/05/2020

24818080A3

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

WILLIAMS

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:43

0.083Control Test 15:44

0.000Air Blank 15:44

# 1Subject Sample 15:44 Subject Test Refused

0.000Breath Volume 15:44

0.000Air Blank 15:45

0.082Control Test 15:45

0.000Air Blank 15:46

OKDiagnostics Check 15:46

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:36:1204/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:03

15:31

St. Petersburg PD

WEISKOPF,MICHAEL

10/05/2020

24818080A3

St. Petersburg PD

SMITH,EMILY,K

INIGO

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:30

0.000Air Blank 16:30

0.082Control Test 16:30

0.000Air Blank 16:31

# 1 0.000Subject Sample 16:31

3.750Breath Volume 16:31

0.000Air Blank 16:32

0.000Air Blank 16:34

# 2 0.000Subject Sample 16:34

2.777Breath Volume 16:34

0.000Air Blank 16:35

0.082Control Test 16:35

0.000Air Blank 16:36

OKDiagnostics Check 16:36

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:58:3604/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:31

20:13

St. Petersburg PD

LAFFERTY,N

10/05/2020

24818080A3

St. Petersburg PD

CRUM,ZACKARY,R

ROSEBUD

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.081Control Test 20:52

0.000Air Blank 20:53

# 1 0.135Subject Sample 20:53

2.046Breath Volume 20:53

0.000Air Blank 20:54

0.000Air Blank 20:56

# 2 0.135Subject Sample 20:57

1.667Breath Volume 20:57

0.000Air Blank 20:57

0.081Control Test 20:58

0.000Air Blank 20:58

OKDiagnostics Check 20:58

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:39:4904/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:44

St. Petersburg PD

LAMOUR,ZACHARY

10/05/2020

24818080A3

St. Petersburg PD

HINES,PAUL,M

KLINGER

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:31

# 1 0.148Subject Sample 21:34

1.660Breath Volume 21:34

0.000Air Blank 21:34

0.000Air Blank 21:36

# 2 0.156Subject Sample 21:38

2.523Breath Volume 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

OKDiagnostics Check 21:39

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:21:5404/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:55

09:19

St. Petersburg PD

ZOLLOTA,VLADIMIR

10/05/2020

24818080A3

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

MORALES

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:15

0.000Air Blank 10:16

0.081Control Test 10:16

0.000Air Blank 10:17

# 1 0.000Subject Sample 10:17

2.828Breath Volume 10:17

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2 0.000Subject Sample 10:20

2.273Breath Volume 10:20

0.000Air Blank 10:21

0.081Control Test 10:21

0.000Air Blank 10:21

OKDiagnostics Check 10:21

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:54:3704/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:23

20:54

St. Petersburg PD

SMITH,EMILY

10/05/2020

24818080A3

St. Petersburg PD

MARTINEZ,LUIS,A

LOCKETT

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:43

0.000Air Blank 21:43

0.082Control Test 21:44

0.000Air Blank 21:44

# 1Subject Sample 21:47 No Sample Provided

0.000Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2Subject Sample 21:53 No Sample Provided

0.000Breath Volume 21:53

0.000Air Blank 21:53

0.081Control Test 21:54

0.000Air Blank 21:54

OKDiagnostics Check 21:54

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:48:2904/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:58

St. Petersburg PD

ZOLLOTA,VLADIMIR

10/05/2020

24818080A3

St. Petersburg PD

ZOLLOTA,VLADIMIR,P

MIRACLE

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.081Control Test 22:46

0.000Air Blank 22:46

# 1Subject Sample 22:47 Subject Test Refused

0.000Breath Volume 22:47

0.000Air Blank 22:47

0.081Control Test 22:47

0.000Air Blank 22:48

OKDiagnostics Check 22:48

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:29:0304/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:00

16:39

St. Petersburg PD

SEXTON,T

10/05/2020

24818080A3

St. Petersburg PD

MIRANDA,RICHARD,

HENNESSEY

03/10/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:22

0.000Air Blank 17:23

0.081Control Test 17:23

0.000Air Blank 17:24

# 1 0.150Subject Sample 17:24

2.511Breath Volume 17:24

0.000Air Blank 17:25

0.000Air Blank 17:27

# 2 0.147Subject Sample 17:27

2.535Breath Volume 17:27

0.000Air Blank 17:28

0.081Control Test 17:28

0.000Air Blank 17:28

OKDiagnostics Check 17:29

Data Download Date/Time: 04/14/2020 13:22

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:4704/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:06

19:47

St. Petersburg PD

HINES,PAUL

12/05/2021

30219080A2

St. Petersburg PD

MCCULLOUGH,SEAN,J

BUCKNER

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:26

0.000Air Blank 20:27

0.082Control Test 20:27

0.000Air Blank 20:27

# 1 0.000Subject Sample 20:28

1.589Breath Volume 20:28

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.000Subject Sample 20:31

1.425Breath Volume 20:31

0.000Air Blank 20:31

0.081Control Test 20:32

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:1804/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:48

St. Petersburg PD

LAMOUR,Z

12/05/2021

30219080A2

St. Petersburg PD

CRUM,ZACKARY,R

KORNEXL

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:27

# 1 0.195Subject Sample 21:27

2.855Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.181Subject Sample 21:30

2.609Breath Volume 21:30

0.000Air Blank 21:31

0.080Control Test 21:31

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:59:0304/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:12

St. Petersburg PD

LAFFERTY,NAOMI

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

SANDOVAL

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1Subject Sample 22:57 Subject Test Refused

0.000Breath Volume 22:57

0.000Air Blank 22:58

0.080Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:59

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:1904/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:12

19:56

St. Petersburg PD

WALDO,A

12/05/2021

30219080A2

St. Petersburg PD

LESPERANCE,DANIEL,E

BOYT

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.081Control Test 20:33

0.000Air Blank 20:34

# 1 0.155Subject Sample 20:34

3.726Breath Volume 20:34

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.166Subject Sample 20:37

3.578Breath Volume 20:37

0.000Air Blank 20:38

0.081Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:55:1804/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:29

20:28

St. Petersburg PD

THOMAS,K

12/05/2021

30219080A2

St. Petersburg PD

WALDO,AARON,R

BASSIG

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:49

0.000Air Blank 21:49

0.081Control Test 21:49

0.000Air Blank 21:50

# 1 0.125Subject Sample 21:50

1.792Breath Volume 21:50

0.000Air Blank 21:51

0.000Air Blank 21:53

# 2 0.136Subject Sample 21:53

2.234Breath Volume 21:53

0.000Air Blank 21:54

0.081Control Test 21:54

0.000Air Blank 21:55

OKDiagnostics Check 21:55

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:18:3904/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:49

17:21

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

VELARDI

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:10

0.000Air Blank 18:10

0.082Control Test 18:10

0.000Air Blank 18:11

# 1 0.000Subject Sample 18:14

1.214Breath Volume 18:14

0.000Air Blank 18:14

0.000Air Blank 18:16

# 2 0.000Subject Sample 18:17

1.539Breath Volume 18:17

0.000Air Blank 18:17

0.081Control Test 18:18

0.000Air Blank 18:18

OKDiagnostics Check 18:18

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:3004/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:13

19:55

St. Petersburg PD

HINES,PAUL

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

TRUJILLO

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:33

0.000Air Blank 20:33

0.082Control Test 20:34

0.000Air Blank 20:34

# 1 0.000Subject Sample 20:35

3.207Breath Volume 20:35

0.000Air Blank 20:35

0.000Air Blank 20:37

# 2 0.000Subject Sample 20:38

2.425Breath Volume 20:38

0.000Air Blank 20:38

0.081Control Test 20:38

0.000Air Blank 20:39

OKDiagnostics Check 20:39

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2704/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

23:05

St. Petersburg PD

MCKENZIE,RONALD

12/05/2021

30219080A2

St. Petersburg PD

MCKENZIE,RONALD,

NICOLETTI

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.081Control Test 23:45

0.000Air Blank 23:46

# 1Subject Sample 23:49 No Sample Provided

0.000Breath Volume 23:49

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2Subject Sample 23:52 Subject Test Refused

0.000Breath Volume 23:52

0.000Air Blank 23:52

0.081Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:5904/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:29

St. Petersburg PD

CLARK,BRENT

12/05/2021

30219080A2

St. Petersburg PD

VALENTIN,MELANIE,L

VALENTIN

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:36

0.000Air Blank 16:36

0.081Control Test 16:36

0.000Air Blank 16:37

# 1 0.128Subject Sample 16:37

1.710Breath Volume 16:37

0.000Air Blank 16:38

0.000Air Blank 16:40

# 2 0.123Subject Sample 16:40

1.750Breath Volume 16:40

0.000Air Blank 16:41

0.080Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:18:3504/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:42

18:32

St. Petersburg PD

HINES,PAUL

12/05/2021

30219080A2

St. Petersburg PD

LAMOUR,ZACHARY,T

SHAFER

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:02

0.000Air Blank 19:03

0.081Control Test 19:03

0.000Air Blank 19:04

# 1Subject Sample 19:07 No Sample Provided

0.000Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.305Subject Sample 19:12

1.835Breath Volume 19:12

0.000Air Blank 19:13

0.000Air Blank 19:15

# 3Subject Sample 19:17 Subject Test Refused

0.000Breath Volume 19:17

0.000Air Blank 19:17

0.000Control Test 19:18 Control Outside Tolerance

0.000Air Blank 19:18

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001653CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:1404/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

19:58

St. Petersburg PD

MCCULLOUGH,SEAN

12/05/2021

30219080A2

St. Petersburg PD

HINES,PAUL,M

FERNANDEZ

04/14/2020

8100.27

ST PETERSBURG PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.082Control Test 20:49

0.000Air Blank 20:50

# 1 0.000Subject Sample 20:50

2.695Breath Volume 20:50

0.000Air Blank 20:50

0.000Air Blank 20:52

# 2 0.000Subject Sample 20:53

2.828Breath Volume 20:53

0.000Air Blank 20:54

0.082Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 05/06/2020 12:49

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-001715CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:39:5904/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:26

14:53

FHP Troop K

TUCKER,D

08/28/2022

1190213

FHP Troop K

BAEZ-DIAZ,STEVEN,

SCOTT

04/21/2020

8100.27

OSCEOLA COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:31

0.000Air Blank 16:31

0.081Control Test 16:31

0.000Air Blank 16:32

# 1 0.224Subject Sample 16:33

1.472Breath Volume 16:33

0.000Air Blank 16:34

0.000Air Blank 16:36

# 2 0.220Subject Sample 16:38

1.464Breath Volume 16:38

0.000Air Blank 16:39

0.080Control Test 16:39

0.000Air Blank 16:39

OKDiagnostics Check 16:39

Data Download Date/Time: 05/01/2020 10:45

08 July 2020Printed:

COBRA ©1997-2014 CMI, Inc.


