
80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:0305/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

23:08

Manatee County SO

PAAVILAINEN,JOSEPH

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

LOPEZ GRAMAJO

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.080Control Test 23:42

0.000Air Blank 23:43

# 1 0.189Subject Sample 23:44

1.871Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:46

# 2 0.196Subject Sample 23:47

1.214Breath Volume 23:47

0.000Air Blank 23:48

0.079Control Test 23:48

0.000Air Blank 23:48

OKDiagnostics Check 23:49

Data Download Date/Time: 06/08/2020 11:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:5505/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:16

02:15

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

GRIMES

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.129Subject Sample 02:46

2.265Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:48

# 2 0.127Subject Sample 02:49

1.960Breath Volume 02:49

0.000Air Blank 02:49

0.079Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 06/08/2020 11:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:31:3305/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:55

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

GUTIERREZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:20

# 1 0.100Subject Sample 21:20

3.164Breath Volume 21:20

0.000Air Blank 21:21

0.000Air Blank 21:23

# 2Subject Sample 21:26 No Sample Provided

0.000Breath Volume 21:26

0.000Air Blank 21:27

0.000Air Blank 21:29

# 3Subject Sample 21:30 Subject Test Refused

0.000Breath Volume 21:30

0.000Air Blank 21:30

0.080Control Test 21:30

0.000Air Blank 21:31

OKDiagnostics Check 21:31

Data Download Date/Time: 06/08/2020 11:52

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006559CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:2105/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:55

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

GUTIERREZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.081Control Test 22:31

0.000Air Blank 22:31

# 1 0.078Subject Sample 22:33

3.105Breath Volume 22:33

0.000Air Blank 22:34

0.000Air Blank 22:36

# 2 0.079Subject Sample 22:36

3.152Breath Volume 22:36

0.000Air Blank 22:37

0.081Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 06/08/2020 11:52

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:14:1105/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:38

Manatee County SO

MONTEMAGNO,CARLO

03/19/2022

1111579

Manatee County SO

MONTEMAGNO,CARLO,C

NIEVES

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.081Control Test 01:01

0.000Air Blank 01:01

# 1 0.129Subject Sample 01:04 Slope Not Level

1.207Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.119Subject Sample 01:07

2.210Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.127Subject Sample 01:12

1.636Breath Volume 01:12

0.000Air Blank 01:13

0.081Control Test 01:13

0.000Air Blank 01:14

OKDiagnostics Check 01:14

Data Download Date/Time: 05/13/2020 14:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:14:4405/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:38

15:53

FFWCC (Lakeland)

GONZALES,AARON

03/19/2022

1111579

FFWCC (Lakeland)

GONZALES,AARON,K

HERRING

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:13

Air Blank 17:13 Ambient Fail

0.000Air Blank 17:14

Data Download Date/Time: 06/11/2020 10:36

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:2105/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:38

15:53

FFWCC (Lakeland)

GONZALES,AARON

03/19/2022

1111579

FFWCC (Lakeland)

GONZALES,AARON,K

HERRING

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:16

0.000Air Blank 17:17

0.077Control Test 17:17

0.000Air Blank 17:18

# 1 0.142Subject Sample 17:18

2.820Breath Volume 17:18

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.146Subject Sample 17:21

3.750Breath Volume 17:21

0.000Air Blank 17:22

0.079Control Test 17:22

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 06/11/2020 10:36

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:47:4205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:35

18:29

Manatee County SO

BARRETT,CODY

03/19/2022

1111579

Manatee County SO

BARRETT,CODY,R

WELLS

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:41

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

# 1 0.169Subject Sample 19:43

2.066Breath Volume 19:43

0.000Air Blank 19:43

0.000Air Blank 19:45

# 2 0.165Subject Sample 19:45

2.035Breath Volume 19:45

0.000Air Blank 19:46

0.078Control Test 19:47

0.000Air Blank 19:47

OKDiagnostics Check 19:47

Data Download Date/Time: 06/11/2020 10:36

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:05

Manatee County SO

MOORE,ADAM

03/19/2022

1111579

Manatee County SO

BARRETT,CODY,R

SHAW THORNE

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:31

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.199Subject Sample 22:32

3.046Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.201Subject Sample 22:35

2.921Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:01:1705/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:02

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

HEATH

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.080Control Test 00:55

0.000Air Blank 00:56

# 1 0.203Subject Sample 00:56

2.324Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:59

# 2 0.193Subject Sample 00:59

1.597Breath Volume 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:01

OKDiagnostics Check 01:01

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:5305/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:23

Manatee County SO

TERRERO,FRAICOR

03/19/2022

1111579

Manatee County SO

TERRERO,FRAICOR,

CRUZMEDINA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

# 1 0.222Subject Sample 01:32

1.847Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.218Subject Sample 01:35

1.191Breath Volume 01:35

0.000Air Blank 01:35

0.080Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:4205/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:35

Bradenton PD

MASON,SAMUELL

03/19/2022

1111579

Bradenton PD

BURCHETT,JASON,R

RICHARDSON

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:51

0.000Air Blank 01:52

0.080Control Test 01:52

0.000Air Blank 01:53

# 1Subject Sample 01:53 Subject Test Refused

0.000Breath Volume 01:53

0.000Air Blank 01:53

0.079Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:4005/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

00:59

Manatee County SO

MOORE,ADAM

03/19/2022

1111579

Bradenton PD

TERRERO,FRAICOR,

LACON

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:19

0.000Air Blank 02:20

0.080Control Test 02:20

0.000Air Blank 02:21

# 1Subject Sample 02:21 Subject Test Refused

0.000Breath Volume 02:21

0.000Air Blank 02:21

0.081Control Test 02:22

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:0905/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:38

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

ZAVALA MEJIA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1 0.141Subject Sample 03:17

1.269Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.159Subject Sample 03:20

2.203Breath Volume 03:20

0.000Air Blank 03:21

0.079Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4005/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:18

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

WALKER,CALVIN,D

GONZALEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:14

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:15

# 1 0.255Subject Sample 04:15

1.761Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:18

# 2 0.258Subject Sample 04:18

1.425Breath Volume 04:18

0.000Air Blank 04:19

0.078Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:22:3505/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

04:10

Manatee County SO

TERRERO,FRAICOR

03/19/2022

1111579

Manatee County SO

TERRERO,FRAICOR,

VILLAFRANCA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:16

0.000Air Blank 05:16

0.079Control Test 05:17

0.000Air Blank 05:17

# 1 0.059Subject Sample 05:18

1.835Breath Volume 05:18

0.000Air Blank 05:18

0.000Air Blank 05:20

# 2 0.067Subject Sample 05:20

2.542Breath Volume 05:20

0.000Air Blank 05:21

0.077Control Test 05:21

0.000Air Blank 05:22

OKDiagnostics Check 05:22

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:0405/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:41

23:58

Bradenton PD

DAVIS,DONALD

03/19/2022

1111579

Bradenton PD

VONADOR,JERARD,E

LOPEZ DIAZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:02

0.000Air Blank 01:03

0.080Control Test 01:03

0.000Air Blank 01:04

# 1Subject Sample 01:04 Subject Test Refused

0.000Breath Volume 01:04

0.000Air Blank 01:05

0.080Control Test 01:05

0.000Air Blank 01:05

OKDiagnostics Check 01:06

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:0505/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:55

19:20

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

NEWBECK

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.080Control Test 20:18

0.000Air Blank 20:19

# 1 0.000Subject Sample 20:19

1.503Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.000Subject Sample 20:22

1.195Breath Volume 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:26:5205/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:58

03:29

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

MEJIA-ALVARADO

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:20

# 1 0.138Subject Sample 04:22

2.164Breath Volume 04:22

0.000Air Blank 04:23

0.000Air Blank 04:24

# 2 0.151Subject Sample 04:25

2.218Breath Volume 04:25

0.000Air Blank 04:25

0.079Control Test 04:26

0.000Air Blank 04:26

OKDiagnostics Check 04:26

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:0705/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:01

00:33

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

VALASCO

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:23

0.000Air Blank 01:24

0.081Control Test 01:24

0.000Air Blank 01:25

# 1 0.143Subject Sample 01:25

1.269Breath Volume 01:25

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.143Subject Sample 01:28

1.367Breath Volume 01:28

0.000Air Blank 01:29

0.081Control Test 01:29

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:3105/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:45

FHP Troop F

WILSON,MATT

03/19/2022

1111579

FHP Troop F

WALKER,CALVIN,D

BAZAN LOZOYA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.081Control Test 02:27

0.000Air Blank 02:28

# 1 0.181Subject Sample 02:29

1.660Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.180Subject Sample 02:31

1.855Breath Volume 02:31

0.000Air Blank 02:32

0.080Control Test 02:32

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1805/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:44

FHP Troop F

PODHYSKI,PHILIP

03/19/2022

1111579

FHP Troop F

PODHYSKI,PHILIP,A

NAVARRO RODRIGUEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:37

0.000Air Blank 02:37

0.080Control Test 02:38

0.000Air Blank 02:38

# 1 0.146Subject Sample 02:39

2.167Breath Volume 02:39

0.000Air Blank 02:40

0.000Air Blank 02:42

# 2 0.152Subject Sample 02:43

1.804Breath Volume 02:43

0.000Air Blank 02:44

0.081Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0705/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:06

Holmes Beach PD

HURT,ALEXANDER

03/19/2022

1111579

Holmes Beach PD

HURT,ALEXANDER,C

LIZA DIAZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.080Control Test 03:02

0.000Air Blank 03:02

# 1 0.042Subject Sample 03:03

2.347Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:06

# 2 0.037Subject Sample 03:06

2.113Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:08

OKDiagnostics Check 03:08

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:25:3805/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:58

15:44

FFWCC (Lakeland)

KLOBUCHAR,OFC RICHARD

03/19/2022

1111579

FFWCC (Lakeland)

KLOBUCHAR,OFC RICHARD,L

VANDERBENT

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:18

0.000Air Blank 17:19

0.080Control Test 17:19

0.000Air Blank 17:19

# 1 0.145Subject Sample 17:20

3.238Breath Volume 17:20

0.000Air Blank 17:21

0.000Air Blank 17:23

# 2 0.135Subject Sample 17:23

2.597Breath Volume 17:23

0.000Air Blank 17:24

0.078Control Test 17:25

0.000Air Blank 17:25

OKDiagnostics Check 17:25

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:09:1405/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:05

17:42

FFWCC (Lakeland)

GONZALES,AARON

03/19/2022

1111579

FFWCC (Lakeland)

GONZALES,AARON,K

VALENTIN CARRASQUILL

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:00

0.000Air Blank 19:00

0.081Control Test 19:01

0.000Air Blank 19:01

# 1 0.158Subject Sample 19:04

3.855Breath Volume 19:04

0.000Air Blank 19:05

0.000Air Blank 19:07

# 2 0.163Subject Sample 19:07

3.792Breath Volume 19:07

0.000Air Blank 19:08

0.078Control Test 19:08

0.000Air Blank 19:09

OKDiagnostics Check 19:09

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:57:1905/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:06

Manatee County SO

PAAVILAINEN,JOSEPH

03/19/2022

1111579

Manatee County SO

PAAVILAINEN,JOSEPH,D

HAMP

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.081Control Test 01:51

0.000Air Blank 01:51

# 1 0.181Subject Sample 01:52

3.074Breath Volume 01:52

0.000Air Blank 01:53

0.000Air Blank 01:54

# 2 0.186Subject Sample 01:55

2.898Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:57

OKDiagnostics Check 01:57

Data Download Date/Time: 06/11/2020 10:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:33:0205/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:01

20:17

Manatee County SO

SPURLOCK,ROBERT

03/19/2022

1111579

Manatee County SO

SPURLOCK,ROBERT,V

SCHNEIDER

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:23

# 1 0.228Subject Sample 21:24

2.605Breath Volume 21:24

0.000Air Blank 21:25

0.000Air Blank 21:26

# 2 0.203Subject Sample 21:28

1.652Breath Volume 21:28

0.000Air Blank 21:29

0.000Air Blank 21:30

# 3 0.196Subject Sample 21:31

1.679Breath Volume 21:31

0.000Air Blank 21:32

0.077Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:33

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:4305/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:08

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

WALKER,CALVIN,D

SHELDEN

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:54

0.080Control Test 21:55

0.000Air Blank 21:55

# 1 0.174Subject Sample 21:58 Volume Not Met

0.039Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2Subject Sample 22:01 Subject Test Refused

0.277Breath Volume 22:01

0.000Air Blank 22:02

0.077Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:4305/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:14

FHP Troop F

PODHYSKI,PHILLIP

03/19/2022

1111579

FHP Troop F

WALKER,CALVIN,D

SHAW

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.081Control Test 23:36

0.000Air Blank 23:36

# 1 0.000Subject Sample 23:39 Volume Not Met

0.363Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:42

# 2 0.000Subject Sample 23:45 Volume Not Met

0.710Breath Volume 23:45

0.000Air Blank 23:45

0.079Control Test 23:46

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5405/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:05

23:16

Manatee County SO

TERRERO,FRAICOR

03/19/2022

1111579

Manatee County SO

TERRERO,FRAICO,

BERNARDO GONZALEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:27

# 1 0.126Subject Sample 00:28

1.804Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2 0.133Subject Sample 00:31

1.328Breath Volume 00:31

0.000Air Blank 00:31

0.079Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4105/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:40

Manatee County SO

BARRETT,CODY

03/19/2022

1111579

Manatee County SO

BARRETT,CODY,R

PACHECO-NUNEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.000Subject Sample 00:48

1.343Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.000Subject Sample 00:51

1.902Breath Volume 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:5305/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:28

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

OLVERA FLORES

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.266Subject Sample 01:23

1.789Breath Volume 01:23

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.292Subject Sample 01:26

2.988Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 3 0.293Subject Sample 01:29

2.121Breath Volume 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:4405/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

01:07

Manatee County SO

VANOVER,ANDREW

03/19/2022

1111579

Manatee County SO

VANOVER,ANDREW,P

SANTIAGO TAPIA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:42

0.000Air Blank 01:43

0.080Control Test 01:43

0.000Air Blank 01:43

# 1 0.270Subject Sample 01:44

2.875Breath Volume 01:44

0.000Air Blank 01:45

0.000Air Blank 01:46

# 2 0.251Subject Sample 01:47

1.984Breath Volume 01:47

0.000Air Blank 01:47

0.079Control Test 01:48

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:4005/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:51

01:30

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

PASCUAL

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.080Control Test 02:12

0.000Air Blank 02:12

# 1 0.196Subject Sample 02:13

2.218Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.194Subject Sample 02:17

1.582Breath Volume 02:17

0.000Air Blank 02:17

0.080Control Test 02:18

0.000Air Blank 02:18

OKDiagnostics Check 02:18

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006565CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:55:0105/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:24

16:55

Manatee County SO

BIGBY,CHARLES

03/19/2022

1111579

Manatee County SO

BIGBY,CHARLES,A

HERNANDEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:45

0.000Air Blank 17:45

0.080Control Test 17:46

0.000Air Blank 17:46

# 1 0.301Subject Sample 17:47

1.687Breath Volume 17:47

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.274Subject Sample 17:50

1.781Breath Volume 17:50

0.000Air Blank 17:50

0.000Air Blank 17:52

# 3 0.301Subject Sample 17:53

2.871Breath Volume 17:53

0.000Air Blank 17:54

0.079Control Test 17:54

0.000Air Blank 17:54

OKDiagnostics Check 17:55

Data Download Date/Time: 06/11/2020 10:38

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:48:2705/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:57

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

BARNES AVERY,D,C

COLEMAN

04/01/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:40

0.000Air Blank 19:41

0.080Control Test 19:41

0.000Air Blank 19:42

# 1 0.165Subject Sample 19:43

1.222Breath Volume 19:43

0.000Air Blank 19:44

0.000Air Blank 19:45

# 2 0.178Subject Sample 19:46

1.449Breath Volume 19:46

0.000Air Blank 19:47

0.079Control Test 19:47

0.000Air Blank 19:48

OKDiagnostics Check 19:48

Data Download Date/Time: 05/08/2020 08:12

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:00:1105/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:22

08:43

Hillsborough Co SO

BRIZENDINE,J

10/05/2021

22419080A2

Hillsborough Co SO

SIMMONS,ANGELA,V

QUINTANA-SABIO

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:51

0.000Air Blank 09:51

0.081Control Test 09:52

0.000Air Blank 09:52

# 1 0.000Subject Sample 09:54

2.148Breath Volume 09:54

0.000Air Blank 09:54

0.000Air Blank 09:56

# 2 0.000Subject Sample 09:58

2.132Breath Volume 09:58

0.000Air Blank 09:59

0.080Control Test 09:59

0.000Air Blank 10:00

OKDiagnostics Check 10:00

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:5805/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:23

23:45

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

WRIGHT III

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.080Control Test 00:44

0.000Air Blank 00:44

# 1 0.132Subject Sample 00:45

1.597Breath Volume 00:45

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.126Subject Sample 00:49

2.394Breath Volume 00:49

0.000Air Blank 00:50

0.079Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:46:3205/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:23

Hillsborough Co SO

HERNANDEZ,D

10/05/2021

22419080A2

Plant City PD

BARNES AVERY,D,C

MONTELONGO

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:37

0.000Air Blank 03:38

0.080Control Test 03:38

0.000Air Blank 03:39

# 1Subject Sample 03:42 No Sample Provided

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.000Air Blank 03:44

# 2Subject Sample 03:45 Subject Test Refused

0.000Breath Volume 03:45

0.000Air Blank 03:45

0.079Control Test 03:45

0.000Air Blank 03:46

OKDiagnostics Check 03:46

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:48:0605/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:14

00:31

Hillsborough Co SO

DOBSON,B

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

FERRER CLEMENTE

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:34

0.000Air Blank 01:35

0.080Control Test 01:35

0.000Air Blank 01:35

# 1 0.082Subject Sample 01:37

1.796Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:40

# 2 0.060Subject Sample 01:43 Volume Not Met

0.316Breath Volume 01:43

0.000Air Blank 01:44

0.000Air Blank 01:46

# 3 0.080Subject Sample 01:46

1.660Breath Volume 01:46

0.000Air Blank 01:47

0.079Control Test 01:47

0.000Air Blank 01:48

OKDiagnostics Check 01:48

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:08:0005/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:23

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

CALIA

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:02

# 1 0.100Subject Sample 03:03

2.722Breath Volume 03:03

0.000Air Blank 03:04

0.000Air Blank 03:05

# 2 0.098Subject Sample 03:06

2.531Breath Volume 03:06

0.000Air Blank 03:07

0.079Control Test 03:07

0.000Air Blank 03:07

OKDiagnostics Check 03:08

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:00:4605/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:32

16:30

Hillsborough Co SO

GUERRERO,D

10/05/2021

22419080A2

Hillsborough Co SO

SNYDER,MELONIE,E

SPEAK

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:54

0.000Air Blank 17:54

0.080Control Test 17:55

0.000Air Blank 17:55

# 1 0.000Subject Sample 17:56

1.312Breath Volume 17:56

0.000Air Blank 17:56

0.000Air Blank 17:58

# 2 0.000Subject Sample 17:59

1.285Breath Volume 17:59

0.000Air Blank 17:59

0.080Control Test 18:00

0.000Air Blank 18:00

OKDiagnostics Check 18:00

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:11:3705/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

20:50

FHP Troop C

MONCION,CHRISTIAN

10/05/2021

22419080A2

FHP Troop C

MONCION,CHRISTIAN,L

HARRIS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:00

0.000Air Blank 22:00

0.080Control Test 22:00

0.000Air Blank 22:01

# 1Subject Sample 22:04 No Sample Provided

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.000Air Blank 22:07

# 2Subject Sample 22:10 No Sample Provided

0.000Breath Volume 22:10

0.000Air Blank 22:10

0.080Control Test 22:11

0.000Air Blank 22:11

OKDiagnostics Check 22:11

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:2505/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:26

22:45

Hillsborough Co SO

KLENOFSKY,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

BONILLA

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:46

0.000Air Blank 23:46

0.081Control Test 23:47

0.000Air Blank 23:47

# 1 0.168Subject Sample 23:48

1.316Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:51

# 2 0.166Subject Sample 23:51

1.378Breath Volume 23:51

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:1605/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:30

Hillsborough Co SO

SNAGGS,S

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

GARRETT

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.081Control Test 02:16

0.000Air Blank 02:17

# 1 0.215Subject Sample 02:17

2.503Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:20

# 2 0.209Subject Sample 02:20

2.527Breath Volume 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:2205/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:52

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

MOHAMED

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:45

0.080Control Test 02:45

0.000Air Blank 02:46

# 1 0.113Subject Sample 02:46

3.703Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.107Subject Sample 02:49

2.871Breath Volume 02:49

0.000Air Blank 02:50

0.079Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:1505/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:24

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

THOMPSON JR

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.239Subject Sample 23:29

3.453Breath Volume 23:29

0.000Air Blank 23:30

0.000Air Blank 23:31

# 2 0.240Subject Sample 23:32

3.644Breath Volume 23:32

0.000Air Blank 23:33

0.079Control Test 23:33

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:24:5805/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:57

06:14

Hillsborough Co SO

CLARK,I

10/05/2021

22419080A2

Hillsborough Co SO

BARR,BARBARA,H

SIMMONS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:18

0.000Air Blank 07:18

0.079Control Test 07:19

0.000Air Blank 07:19

# 1 0.190Subject Sample 07:20

3.183Breath Volume 07:20

0.000Air Blank 07:20

0.000Air Blank 07:22

# 2 0.189Subject Sample 07:23

2.558Breath Volume 07:23

0.000Air Blank 07:24

0.080Control Test 07:24

0.000Air Blank 07:24

OKDiagnostics Check 07:24

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:0205/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:43

18:08

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

HAYS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:04

0.000Air Blank 19:04

0.080Control Test 19:04

0.000Air Blank 19:05

# 1 0.224Subject Sample 19:06

3.742Breath Volume 19:06

0.000Air Blank 19:07

0.000Air Blank 19:08

# 2 0.217Subject Sample 19:09

4.074Breath Volume 19:09

0.000Air Blank 19:10

0.080Control Test 19:10

0.000Air Blank 19:10

OKDiagnostics Check 19:11

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:5205/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:42

22:14

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

MONTGOMERY,ALECIA,L

HANCHARIK

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.080Control Test 23:03

0.000Air Blank 23:04

# 1 0.169Subject Sample 23:05

1.796Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.179Subject Sample 23:08

2.156Breath Volume 23:08

0.000Air Blank 23:08

0.080Control Test 23:09

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5005/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:03

23:09

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

BARNES AVERY,D,C

TURNER

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:26

0.000Air Blank 00:27

0.079Control Test 00:27

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:28

2.667Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:31

2.304Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:5405/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:48

00:28

Hillsborough Co SO

ARCHAMBEAU,M

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

DOWNS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.168Subject Sample 01:11

1.136Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.183Subject Sample 01:15

1.269Breath Volume 01:15

0.000Air Blank 01:15

0.079Control Test 01:16

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:0805/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:52

01:26

Hillsborough Co SO

SHEINBERG,T

10/05/2021

22419080A2

FHP Troop C

PEQUIGNOT,KYLIE,C

FREEMAN

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:13

0.000Air Blank 03:14

0.081Control Test 03:14

0.000Air Blank 03:14

# 1 0.000Subject Sample 03:15

3.429Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.000Subject Sample 03:18

3.585Breath Volume 03:18

0.000Air Blank 03:19

0.081Control Test 03:19

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:08:5305/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:17

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

MORROW

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:06

0.000Air Blank 19:07

0.080Control Test 19:07

0.000Air Blank 19:08

# 1Subject Sample 19:08 Sequence Aborted

0.000Breath Volume 19:08

0.000Air Blank 19:08

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:3805/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:17

Hillsborough Co SO

HALL,L

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

MORROW

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:29

0.000Air Blank 19:29

0.080Control Test 19:30

0.000Air Blank 19:30

# 1 0.263Subject Sample 19:32

2.492Breath Volume 19:32

0.000Air Blank 19:32

0.000Air Blank 19:34

# 2 0.252Subject Sample 19:37 Volume Not Met

0.281Breath Volume 19:37

0.000Air Blank 19:38

0.000Air Blank 19:40

# 3 0.260Subject Sample 19:41

2.371Breath Volume 19:41

0.000Air Blank 19:41

0.078Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:0205/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:10

Hillsborough Co SO

CLARK,I

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

PHILLIPS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.079Control Test 22:24

0.000Air Blank 22:25

# 1 0.120Subject Sample 22:25

1.601Breath Volume 22:25

0.000Air Blank 22:26

0.000Air Blank 22:27

# 2 0.121Subject Sample 22:28

2.093Breath Volume 22:28

0.000Air Blank 22:29

0.079Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:30

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:03:3905/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:34

20:36

Hillsborough Co SO

PALFY,R

10/05/2021

22419080A2

FHP Troop C

MONTGOMERY,ALECIA,L

CAMACHO FERNANDEZ

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:55

0.000Air Blank 21:56

0.080Control Test 21:56

0.000Air Blank 21:57

# 1 0.310Subject Sample 21:58

2.519Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:00

# 2 0.306Subject Sample 22:01

2.625Breath Volume 22:01

0.000Air Blank 22:02

0.079Control Test 22:03

0.000Air Blank 22:03

OKDiagnostics Check 22:03

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:25:3505/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:59

18:44

Hillsborough Co SO

SHEINBERG,T

10/05/2021

22419080A2

FHP Troop C

BARNES AVERY,D,C

RUIZ

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:19

0.000Air Blank 20:20

0.080Control Test 20:20

0.000Air Blank 20:20

# 1 0.000Subject Sample 20:21

1.390Breath Volume 20:21

0.000Air Blank 20:21

0.000Air Blank 20:23

# 2 0.000Subject Sample 20:24

1.496Breath Volume 20:24

0.000Air Blank 20:24

0.080Control Test 20:24

0.000Air Blank 20:25

OKDiagnostics Check 20:25

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4205/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:45

Hillsborough Co SO

VISSER,A

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

QUARTUCCIO

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.096Subject Sample 03:22

1.148Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.103Subject Sample 03:27

1.605Breath Volume 03:27

0.000Air Blank 03:27

0.080Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:01:4705/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:35

Hillsborough Co SO

SNAGGS,S

10/05/2021

22419080A2

Tampa PD

DISMORE,NANCY,J

MOHAMED ALI

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:55

0.000Air Blank 03:55

0.080Control Test 03:56

0.000Air Blank 03:56

# 1 0.055Subject Sample 03:57

3.742Breath Volume 03:57

0.000Air Blank 03:57

0.000Air Blank 03:59

# 2 0.053Subject Sample 04:00

3.761Breath Volume 04:00

0.000Air Blank 04:00

0.079Control Test 04:01

0.000Air Blank 04:01

OKDiagnostics Check 04:01

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:04:0405/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:35

09:33

Hillsborough Co SO

KIMMEL,H

10/05/2021

22419080A2

Hillsborough Co SO

TORRES,JENIFER,

IRMLER

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:57

0.000Air Blank 11:57

0.080Control Test 11:57

0.000Air Blank 11:58

# 1 0.000Subject Sample 11:59

2.273Breath Volume 11:59

0.000Air Blank 12:00

0.000Air Blank 12:02

# 2 0.000Subject Sample 12:02

2.042Breath Volume 12:02

0.000Air Blank 12:03

0.080Control Test 12:03

0.000Air Blank 12:03

OKDiagnostics Check 12:04

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3205/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:11

Hillsborough Co SO

GONZALEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

COCHRAN

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:57

0.000Air Blank 00:58

0.079Control Test 00:58

0.000Air Blank 00:59

# 1Subject Sample 01:01 Subject Test Refused

0.000Breath Volume 01:01

0.000Air Blank 01:01

0.080Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5205/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:37

00:11

Hillsborough Co SO

GONZALEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

COCHRAN

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:19

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

# 1 0.174Subject Sample 01:22

1.265Breath Volume 01:22

0.000Air Blank 01:22

0.000Air Blank 01:24

# 2 0.169Subject Sample 01:27 Volume Not Met

0.230Breath Volume 01:27

0.000Air Blank 01:28

0.000Air Blank 01:30

# 3Subject Sample 01:30 Subject Test Refused

0.000Breath Volume 01:30

0.000Air Blank 01:30

0.080Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:1705/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

03:03

Hillsborough Co SO

BAAR,J

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

GRAHAM JR

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:04

0.000Air Blank 04:05

0.080Control Test 04:05

0.000Air Blank 04:05

# 1 0.120Subject Sample 04:07

1.195Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 2 0.129Subject Sample 04:10

2.140Breath Volume 04:10

0.000Air Blank 04:11

0.080Control Test 04:11

0.000Air Blank 04:12

OKDiagnostics Check 04:12

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:4305/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:45

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

DIAZ GOMEZ

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:35

0.000Air Blank 06:36

0.080Control Test 06:36

0.000Air Blank 06:37

# 1 0.203Subject Sample 06:38

1.992Breath Volume 06:38

0.000Air Blank 06:38

0.000Air Blank 06:40

# 2 0.209Subject Sample 06:41

1.812Breath Volume 06:41

0.000Air Blank 06:41

0.080Control Test 06:42

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:2305/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:52

Hillsborough Co SO

PATRON,A

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

FALCON

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

# 1 0.086Subject Sample 22:36

1.218Breath Volume 22:36

0.000Air Blank 22:37

0.000Air Blank 22:39

# 2 0.090Subject Sample 22:39

1.140Breath Volume 22:39

0.000Air Blank 22:40

0.080Control Test 22:40

0.000Air Blank 22:41

OKDiagnostics Check 22:41

Data Download Date/Time: 06/04/2020 14:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:19:1905/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

21:28

Hillsborough Co SO

WASHINGTON,D

10/05/2021

22419080A2

Hillsborough Co SO

DISMORE,NANCY,J

RAMOS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.080Control Test 23:13

0.000Air Blank 23:13

# 1 0.130Subject Sample 23:14

2.953Breath Volume 23:14

0.000Air Blank 23:15

0.000Air Blank 23:17

# 2 0.129Subject Sample 23:17

3.707Breath Volume 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

OKDiagnostics Check 23:19

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:1505/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:03

Hillsborough Co SO

BARLAUG,G

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

EVERHART

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1 0.128Subject Sample 00:00

1.277Breath Volume 00:00

0.000Air Blank 00:00

0.000Air Blank 00:02

# 2 0.129Subject Sample 00:03

1.972Breath Volume 00:03

0.000Air Blank 00:04

0.079Control Test 00:04

0.000Air Blank 00:05

OKDiagnostics Check 00:05

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:10:5605/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:39

00:15

Hillsborough Co SO

BLANCHARD,J

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

NGUYEN

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 00:59

0.080Control Test 00:59

0.000Air Blank 01:00

# 1 0.178Subject Sample 01:03 Volume Not Met

0.410Breath Volume 01:03

0.000Air Blank 01:04

0.000Air Blank 01:06

# 2 0.181Subject Sample 01:09 Volume Not Met

0.351Breath Volume 01:09

0.000Air Blank 01:09

0.078Control Test 01:10

0.000Air Blank 01:10

OKDiagnostics Check 01:10

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:2905/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:50

Hillsborough Co SO

RODRIGUEZ,D

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FOLSOM

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.080Control Test 20:54

0.000Air Blank 20:55

# 1 0.000Subject Sample 20:56

2.671Breath Volume 20:56

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.000Subject Sample 20:59

2.960Breath Volume 20:59

0.000Air Blank 20:59

0.079Control Test 20:59

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:26:5505/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

00:25

Hillsborough Co SO

VISSER,A

10/05/2021

22419080A2

Tampa PD

BARNES AVERY,D,C

CRAIG

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

# 1 0.240Subject Sample 01:22

2.980Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.239Subject Sample 01:25

2.488Breath Volume 01:25

0.000Air Blank 01:25

0.080Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:26

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:50:5505/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:23

18:19

Hillsborough Co SO

LUGO,J

10/05/2021

22419080A2

FHP Troop C

MONTGOMERY,ALECIA,L

TENCHIPE

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:43

0.000Air Blank 19:44

0.080Control Test 19:44

0.000Air Blank 19:45

# 1 0.129Subject Sample 19:46

2.746Breath Volume 19:46

0.000Air Blank 19:46

0.000Air Blank 19:48

# 2 0.127Subject Sample 19:49

2.003Breath Volume 19:49

0.000Air Blank 19:49

0.079Control Test 19:50

0.000Air Blank 19:50

OKDiagnostics Check 19:50

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:1005/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:34

04:03

Hillsborough Co SO

KLENOFSKY,A

10/05/2021

22419080A2

Hillsborough Co SO

BARNES AVERY,D,C

GUZMAN

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:55

0.079Control Test 04:55

0.000Air Blank 04:56

# 1 0.178Subject Sample 04:56

1.824Breath Volume 04:56

0.000Air Blank 04:57

0.000Air Blank 04:59

# 2 0.180Subject Sample 04:59

1.656Breath Volume 04:59

0.000Air Blank 05:00

0.079Control Test 05:00

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1205/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

02:08

Hillsborough Co SO

BADEN,T

10/05/2021

22419080A2

Tampa PD

HOLLAND,CHARLEENE,N

HICKS

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:52

0.000Air Blank 02:52

0.081Control Test 02:53

0.000Air Blank 02:53

# 1 0.128Subject Sample 02:55

1.628Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:57

# 2 0.131Subject Sample 03:01 Volume Not Met

0.496Breath Volume 03:01

0.000Air Blank 03:01

0.000Air Blank 03:03

# 3 0.133Subject Sample 03:05

2.093Breath Volume 03:05

0.000Air Blank 03:06

0.079Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2405/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:08

Hillsborough Co SO

LYON,M

10/05/2021

22419080A2

Tampa PD

PEQUIGNOT,KYLIE,C

GONZALEZ

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:11

0.000Air Blank 04:12

0.080Control Test 04:12

0.000Air Blank 04:12

# 1 0.201Subject Sample 04:13

2.812Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.211Subject Sample 04:16

2.667Breath Volume 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:05:3005/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:05

Hillsborough Co SO

RUIZ,J

10/05/2021

22419080A2

FHP Troop C

BARNES AVERY,D,C

HODGES

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:59

0.000Air Blank 20:59

0.080Control Test 21:00

0.000Air Blank 21:00

# 1 0.158Subject Sample 21:01

2.445Breath Volume 21:01

0.000Air Blank 21:01

0.000Air Blank 21:03

# 2 0.161Subject Sample 21:03

2.335Breath Volume 21:03

0.000Air Blank 21:04

0.079Control Test 21:04

0.000Air Blank 21:05

OKDiagnostics Check 21:05

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006567CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:49:0005/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:50

Hillsborough Co SO

FISHER,T

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

MCCORMACK

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.081Control Test 22:43

0.000Air Blank 22:43

# 1 0.167Subject Sample 22:44

2.140Breath Volume 22:44

0.000Air Blank 22:45

0.000Air Blank 22:46

# 2 0.162Subject Sample 22:47

2.039Breath Volume 22:47

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:48

OKDiagnostics Check 22:49

Data Download Date/Time: 06/04/2020 14:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:08:1705/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:41

23:05

Flagler County SO

CONWAY,P

08/05/2020

17618080A3

Flagler County SO

TWING,BRANDON,R

WILLIAMS

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:01

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:02

# 1 0.142Subject Sample 00:03

1.816Breath Volume 00:03

0.000Air Blank 00:04

0.000Air Blank 00:06

# 2 0.142Subject Sample 00:06

1.710Breath Volume 00:06

0.000Air Blank 00:07

0.079Control Test 00:07

0.000Air Blank 00:08

OKDiagnostics Check 00:08

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4005/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

23:57

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

LEHNERTZ

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:46

0.000Air Blank 00:46

0.080Control Test 00:46

0.000Air Blank 00:47

# 1 0.071Subject Sample 00:48

4.613Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 2 0.065Subject Sample 00:51

2.437Breath Volume 00:51

0.000Air Blank 00:51

0.080Control Test 00:52

0.000Air Blank 00:52

OKDiagnostics Check 00:52

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:01:0105/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:26

17:26

Flagler County SO

SCHERR,E

08/05/2020

17618080A3

Flagler Beach PD

ESTEP,J,

ARANA

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:47

0.000Air Blank 18:47

# 1 0.112Subject Sample 18:48

1.730Breath Volume 18:48

0.000Air Blank 18:48

0.000Air Blank 18:50

# 2 0.074Subject Sample 18:53 Volume Not Met

0.160Breath Volume 18:53

0.000Air Blank 18:54

0.000Air Blank 18:56

# 3 0.064Subject Sample 18:59 Volume Not Met

0.246Breath Volume 18:59

0.000Air Blank 19:00

0.076Control Test 19:00

0.000Air Blank 19:00

OKDiagnostics Check 19:01

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:20:4205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:56

22:11

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

KINNEY

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.080Control Test 23:18

0.000Air Blank 23:19

# 1Subject Sample 23:19 Subject Test Refused

0.000Breath Volume 23:19

0.000Air Blank 23:19

0.080Control Test 23:20

0.000Air Blank 23:20

OKDiagnostics Check 23:20

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:5005/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:07

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

CAMPUZANO

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.080Control Test 22:24

0.000Air Blank 22:25

# 1Subject Sample 22:25 Subject Test Refused

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.080Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:4105/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:42

02:10

Flagler County SO

PARKER,CARL

08/05/2020

17618080A3

Flagler County SO

PARKER,CARL,L

CLARK

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.080Control Test 03:03

0.000Air Blank 03:04

# 1 0.209Subject Sample 03:04

1.437Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2 0.206Subject Sample 03:08

1.152Breath Volume 03:08

0.000Air Blank 03:08

0.079Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:16:1705/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:40

14:02

Flagler County SO

GOSSETT,ADAM

08/05/2020

17618080A3

Flagler County SO

BISS,ADAM,B

MURAWSKI

04/28/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:04

0.000Air Blank 15:04

0.080Control Test 15:04

0.000Air Blank 15:05

# 1Subject Sample 15:08 No Sample Provided

0.000Breath Volume 15:08

0.000Air Blank 15:09

0.000Air Blank 15:11

# 2 0.000Subject Sample 15:11

2.722Breath Volume 15:11

0.000Air Blank 15:12

0.000Air Blank 15:14

# 3 0.000Subject Sample 15:14

3.449Breath Volume 15:14

0.000Air Blank 15:15

0.081Control Test 15:15

0.000Air Blank 15:16

OKDiagnostics Check 15:16

Data Download Date/Time: 05/23/2020 17:03

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4605/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:12

22:12

Flagler County SO

WEAVER,D

08/05/2020

17618080A3

Flagler County SO

WEAVER,D,

ENGLISH

05/23/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:33

0.080Control Test 23:33

0.000Air Blank 23:34

# 1 0.213Subject Sample 23:35

1.320Breath Volume 23:35

0.000Air Blank 23:35

0.000Air Blank 23:37

# 2 0.220Subject Sample 23:38

1.312Breath Volume 23:38

0.000Air Blank 23:38

0.080Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 06/27/2020 16:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:1205/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:23

Flagler County SO

CUTHBERT,ANTHONY

08/05/2020

17618080A3

Flagler County SO

NICOLAS,MITA,

KUPFERBERG

05/23/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.000Subject Sample 01:32

1.359Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.000Subject Sample 01:35

1.117Breath Volume 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 06/27/2020 16:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:3305/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:38

17:52

Flagler County SO

SCHERR,EVAN

08/05/2020

17618080A3

Flagler Beach PD

NICOLAS,MITA,

HOLMES

05/23/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.080Control Test 19:22

0.000Air Blank 19:23

# 1 0.141Subject Sample 19:25

2.062Breath Volume 19:25

0.000Air Blank 19:26

0.000Air Blank 19:28

# 2 0.137Subject Sample 19:28

1.195Breath Volume 19:28

0.000Air Blank 19:29

0.080Control Test 19:29

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 06/27/2020 16:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:40:1305/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:05

17:52

Flagler County SO

SCHERR,EVAN

08/05/2020

17618080A3

Flagler Beach PD

NICOLAS,MITA,

HOLMES

05/23/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.079Control Test 19:33

0.000Air Blank 19:33

# 1 0.136Subject Sample 19:35

1.343Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.130Subject Sample 19:38

1.707Breath Volume 19:38

0.000Air Blank 19:39

0.080Control Test 19:39

0.000Air Blank 19:40

OKDiagnostics Check 19:40

Data Download Date/Time: 06/27/2020 16:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006616CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:14:3205/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

02:54

Flagler County SO

CUTHBERT,A

08/05/2020

17618080A3

Flagler County SO

TWING,B,R

EISENBERG

05/23/2020

8100.27

FLAGLER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:00

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.172Subject Sample 04:05 Volume Not Met

0.222Breath Volume 04:05

0.000Air Blank 04:06

0.000Air Blank 04:07

# 2 0.198Subject Sample 04:08

1.667Breath Volume 04:08

0.000Air Blank 04:09

0.000Air Blank 04:11

# 3 0.193Subject Sample 04:12

1.839Breath Volume 04:12

0.000Air Blank 04:13

0.077Control Test 04:13

0.000Air Blank 04:14

OKDiagnostics Check 04:14

Data Download Date/Time: 06/27/2020 16:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:01:5205/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

05:25

FHP Troop D

RIVERA,VICTOR

08/05/2020

17618080A3

FHP Troop D

RIVERA,VICTOR,J

RIVAS

04/22/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:55

0.000Air Blank 05:55

0.080Control Test 05:56

0.000Air Blank 05:56

# 1 0.136Subject Sample 05:57

3.515Breath Volume 05:57

0.000Air Blank 05:57

0.000Air Blank 05:59

# 2 0.128Subject Sample 06:00

1.785Breath Volume 06:00

0.000Air Blank 06:00

0.080Control Test 06:01

0.000Air Blank 06:01

OKDiagnostics Check 06:01

Data Download Date/Time: 05/22/2020 22:32

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:4605/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

03:27

FHP Troop D

CARPENTER,BLAKE

08/05/2020

17618080A3

FHP Troop D

CARPENTER,BLAKE,E

USMA

05/22/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:57

0.000Air Blank 03:57

0.080Control Test 03:57

0.000Air Blank 03:58

# 1 0.141Subject Sample 03:58

1.460Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.133Subject Sample 04:02

1.285Breath Volume 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

OKDiagnostics Check 04:03

Data Download Date/Time: 06/28/2020 09:20

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006628CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:0505/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:48

FHP Troop D

RIVERA,VICTOR

08/05/2020

17618080A3

FHP Troop D

RIVERA,VICTOR,J

TORRES

05/22/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.080Control Test 04:13

0.000Air Blank 04:13

# 1 0.124Subject Sample 04:14

3.109Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:16

# 2 0.126Subject Sample 04:17

2.785Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 06/28/2020 09:20

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:48:1605/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:21

11:07

Manatee County SO

QUICK,BENJAMIN

03/19/2022

1111579

Manatee County SO

QUICK,BENJAMIN,

FULFORD

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 11:41

0.000Air Blank 11:42

0.080Control Test 11:42

0.000Air Blank 11:43

# 1 0.000Subject Sample 11:43

2.792Breath Volume 11:43

0.000Air Blank 11:44

0.000Air Blank 11:46

# 2 0.000Subject Sample 11:46

2.488Breath Volume 11:46

0.000Air Blank 11:47

0.081Control Test 11:47

0.000Air Blank 11:48

OKDiagnostics Check 11:48

Data Download Date/Time: 06/11/2020 10:04

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:51:1505/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:06

14:06

FHP Troop F

LORD,JOSHUA

03/19/2022

1111579

FHP Troop F

LORD,JOSHUA,N

ESCOBER FLORES

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:44

0.000Air Blank 14:44

0.079Control Test 14:44

0.000Air Blank 14:45

# 1 0.201Subject Sample 14:46

2.160Breath Volume 14:46

0.000Air Blank 14:47

0.000Air Blank 14:48

# 2 0.192Subject Sample 14:49

2.183Breath Volume 14:49

0.000Air Blank 14:50

0.078Control Test 14:50

0.000Air Blank 14:51

OKDiagnostics Check 14:51

Data Download Date/Time: 06/11/2020 10:04

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:22:0705/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:36

Manatee County SO

TERRERO,FRAICOR

03/19/2022

1111579

Manatee County SO

TERRERO,FRAICOR,

ROMAN SANCHEZ

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.079Control Test 02:16

0.000Air Blank 02:16

# 1 0.170Subject Sample 02:17

1.980Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.173Subject Sample 02:20

2.652Breath Volume 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:22

OKDiagnostics Check 02:22

Data Download Date/Time: 06/11/2020 10:04

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:38:2405/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:10

13:35

Manatee County SO

QUICK,BENJAMIN

03/19/2022

1111579

Manatee County SO

QUICK,QUICK,

DUBE

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:30

0.000Air Blank 14:31

0.079Control Test 14:31

0.000Air Blank 14:31

# 1 0.183Subject Sample 14:33

1.710Breath Volume 14:33

0.000Air Blank 14:34

0.000Air Blank 14:36

# 2 0.177Subject Sample 14:36

1.628Breath Volume 14:36

0.000Air Blank 14:37

0.078Control Test 14:37

0.000Air Blank 14:38

OKDiagnostics Check 14:38

Data Download Date/Time: 06/11/2020 10:04

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006631CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:57:0605/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:30

18:10

Manatee County SO

TERRERO,FRAICOR

03/19/2022

1111579

Manatee County SO

TERRERO,FRAICOR,

MEDINA

05/08/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:51

0.000Air Blank 18:51

0.079Control Test 18:51

0.000Air Blank 18:52

# 1 0.121Subject Sample 18:52

2.976Breath Volume 18:52

0.000Air Blank 18:53

0.000Air Blank 18:55

# 2 0.114Subject Sample 18:55

3.761Breath Volume 18:55

0.000Air Blank 18:56

0.076Control Test 18:56

0.000Air Blank 18:57

OKDiagnostics Check 18:57

Data Download Date/Time: 06/11/2020 10:04

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:50:2205/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

01:20

FHP Troop C

LAVALLE,DANIEL

12/01/2019

644476

FHP Troop C

LAVALLE,DANIEL,

QUIGLEY

04/29/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:44

0.000Air Blank 01:44

0.082Control Test 01:45

0.000Air Blank 01:45

# 1 0.000Subject Sample 01:46

1.335Breath Volume 01:46

0.000Air Blank 01:46

0.000Air Blank 01:48

# 2 0.000Subject Sample 01:48

1.730Breath Volume 01:48

0.000Air Blank 01:49

0.081Control Test 01:49

0.000Air Blank 01:50

OKDiagnostics Check 01:50

Data Download Date/Time: 05/25/2020 17:12

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:2005/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:29

FHP Troop C

SULAIMAN,R

12/01/2019

644476

FHP Troop C

LAVALLE,DANIEL,

LAIUPPA

04/29/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.081Control Test 02:01

0.000Air Blank 02:02

# 1 0.000Subject Sample 02:02

4.320Breath Volume 02:02

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.000Subject Sample 02:05

4.031Breath Volume 02:05

0.000Air Blank 02:06

0.080Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 05/25/2020 17:12

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:23:2705/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:56

03:53

FHP Troop C

LAVALLE,D

12/01/2019

644476

FHP Troop C

LAVALLE,D,

ROJAS

04/29/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:16

0.000Air Blank 04:17

0.081Control Test 04:17

0.000Air Blank 04:18

# 1 0.000Subject Sample 04:19

1.949Breath Volume 04:19

0.000Air Blank 04:19

0.000Air Blank 04:21

# 2 0.000Subject Sample 04:22

1.945Breath Volume 04:22

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:23

OKDiagnostics Check 04:23

Data Download Date/Time: 05/25/2020 17:12

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:33:5905/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:06

FHP Troop C

HERNANDEZ-GINARTE,A

12/01/2019

644476

FHP Troop C

LAVALLE,D,

MAKSIMOWICZ

04/29/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.080Control Test 00:28

0.000Air Blank 00:28

# 1 0.196Subject Sample 00:29

2.171Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:31

# 2 0.195Subject Sample 00:32

1.531Breath Volume 00:32

0.000Air Blank 00:33

0.079Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:33

Data Download Date/Time: 05/25/2020 17:13

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006633CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:1905/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

03:06

FHP Troop C

AMAR,G

12/01/2020

644476

FHP Troop C

LAVALLE,D,

CHEVALIER

05/24/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:33

0.080Control Test 03:33

0.000Air Blank 03:34

# 1 0.107Subject Sample 03:34

3.507Breath Volume 03:34

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.107Subject Sample 03:37

3.351Breath Volume 03:37

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 06/30/2020 05:49

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:4005/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

01:06

Manatee County SO

BIGBY,CHARLES

09/20/2022

1206004

Manatee County SO

BIGBY,CHARLES,A

GUARCAS XORXE

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:13

0.000Air Blank 02:14

0.078Control Test 02:14

0.000Air Blank 02:15

# 1 0.219Subject Sample 02:15

3.316Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 2 0.214Subject Sample 02:18

2.175Breath Volume 02:18

0.000Air Blank 02:19

0.078Control Test 02:20

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:46:4005/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:20

18:55

Manatee County SO

WILSON,MATTHEW

09/20/2022

1206004

Palmetto PD

ROWE,BRANDON,D

MCBRIDE

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:40

0.000Air Blank 19:40

0.077Control Test 19:40

0.000Air Blank 19:41

# 1 0.233Subject Sample 19:41

2.292Breath Volume 19:41

0.000Air Blank 19:42

0.000Air Blank 19:44

# 2 0.236Subject Sample 19:44

2.085Breath Volume 19:44

0.000Air Blank 19:45

0.077Control Test 19:46

0.000Air Blank 19:46

OKDiagnostics Check 19:46

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:1005/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:15

01:48

FHP Troop F

FALLUCCA,MARIO

09/20/2022

1206004

FHP Troop F

FALLUCCA,MARIO,J

JEFFRIES

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:35

0.000Air Blank 02:36

0.077Control Test 02:36

0.000Air Blank 02:37

# 1 0.119Subject Sample 02:37

3.218Breath Volume 02:37

0.000Air Blank 02:38

0.000Air Blank 02:39

# 2 0.121Subject Sample 02:40

3.644Breath Volume 02:40

0.000Air Blank 02:41

0.075Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:30:0005/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:05

09:55

FHP Troop F

VAUGHT,JAMES

09/20/2022

1206004

FHP Troop F

VAUGHT,JAMES,C

COLLOM

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.078Control Test 23:27

0.000Air Blank 23:28

# 1Subject Sample 23:28 Subject Test Refused

0.000Breath Volume 23:28

0.000Air Blank 23:29

0.077Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:30

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:5105/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:03

Manatee County SO

HAEUSSLER,BRETT

09/20/2022

1206004

FHP Troop F

PAAVILAINEN,JOSEPH,D

CLIFFORD

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.077Control Test 00:29

0.000Air Blank 00:30

# 1 0.117Subject Sample 00:31

3.203Breath Volume 00:31

0.000Air Blank 00:31

0.000Air Blank 00:33

# 2 0.112Subject Sample 00:34

2.601Breath Volume 00:34

0.000Air Blank 00:34

0.076Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:45:5105/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:19

Bradenton PD

MOORE,ADAM

09/20/2022

1206004

Bradenton PD

BURCHETT,JASON,R

PURTILL

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:43

0.000Air Blank 23:43

0.078Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:44 Subject Test Refused

0.000Breath Volume 23:44

0.000Air Blank 23:44

0.077Control Test 23:45

0.000Air Blank 23:45

OKDiagnostics Check 23:45

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:5505/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:38

03:08

FHP Troop F

PODHYSKI,PHILIP

09/20/2022

1206004

FHP Troop F

PODHYSKI,PHILIP,A

LIGHTFOOT

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:09

0.000Air Blank 05:09

0.078Control Test 05:09

0.000Air Blank 05:10

# 1 0.092Subject Sample 05:11

3.023Breath Volume 05:11

0.000Air Blank 05:12

0.000Air Blank 05:14

# 2 0.092Subject Sample 05:15

3.929Breath Volume 05:15

0.000Air Blank 05:15

0.074Control Test 05:16 Control Outside Tolerance

0.000Air Blank 05:16

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:4405/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:35

Manatee County SO

VANOVER,ANDREW

09/20/2022

1206004

Manatee County SO

VANOVER,ANDREW,P

SILVIUS

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:25

0.077Control Test 15:26

0.000Air Blank 15:26

# 1 0.000Subject Sample 15:27

1.625Breath Volume 15:27

0.000Air Blank 15:27

0.000Air Blank 15:29

# 2 0.000Subject Sample 15:30

3.902Breath Volume 15:30

0.000Air Blank 15:30

0.078Control Test 15:31

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:36:5505/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:49

Manatee County SO

VANOVER,ANDREW

09/20/2022

1206004

Manatee County SO

VANOVER,ANDREW,P

VAZQUEZ VAZQUEZ

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:30

0.000Air Blank 23:31

0.077Control Test 23:31

0.000Air Blank 23:31

# 1 0.153Subject Sample 23:32

1.828Breath Volume 23:32

0.000Air Blank 23:33

0.000Air Blank 23:34

# 2 0.144Subject Sample 23:35

1.277Breath Volume 23:35

0.000Air Blank 23:35

0.077Control Test 23:36

0.000Air Blank 23:36

OKDiagnostics Check 23:36

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:57:3505/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

22:43

FHP Troop F

LEDFORD,TAYLOR

09/20/2022

1206004

FHP Troop F

LEDFORD,TAYLOR,M

MARCANO

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:51

0.075Control Test 23:51

0.000Air Blank 23:52

# 1 0.168Subject Sample 23:52

3.085Breath Volume 23:52

0.000Air Blank 23:53

0.000Air Blank 23:55

# 2 0.158Subject Sample 23:55

3.144Breath Volume 23:55

0.000Air Blank 23:56

0.076Control Test 23:56

0.000Air Blank 23:57

OKDiagnostics Check 23:57

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:46:3105/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

20:16

FHP Troop F

FALLUCCA,MARIO

09/20/2022

1206004

FHP Troop F

FALLUCCA,MARIO,J

KREITSEK

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:43

0.000Air Blank 00:44

0.077Control Test 00:44

0.000Air Blank 00:44

# 1Subject Sample 00:45 Subject Test Refused

0.000Breath Volume 00:45

0.000Air Blank 00:45

0.078Control Test 00:45

0.000Air Blank 00:46

OKDiagnostics Check 00:46

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:5705/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:54

FHP Troop F

LEDFORD,TAYLOR

09/20/2022

1206004

FHP Troop F

LEDFORD,TAYLOR,M

ALLEN

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:15

# 1 0.206Subject Sample 04:16

1.339Breath Volume 04:16

0.000Air Blank 04:17

0.000Air Blank 04:19

# 2 0.207Subject Sample 04:20

1.718Breath Volume 04:20

0.000Air Blank 04:21

0.075Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:21

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:46:2805/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

21:33

Bradenton PD

MOORE,ADAM

09/20/2022

1206004

Bradenton PD

BURCHETT,JASON,R

RICHARD

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.077Control Test 22:44

0.000Air Blank 22:44

# 1Subject Sample 22:45 Subject Test Refused

0.000Breath Volume 22:45

0.000Air Blank 22:45

0.077Control Test 22:45

0.000Air Blank 22:46

OKDiagnostics Check 22:46

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4405/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:54

Manatee County SO

TERRERO,FRAICOR

09/20/2022

1206004

Manatee County SO

TERRERO,FRAICOR,

CISNEROS

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.077Control Test 22:50

0.000Air Blank 22:50

# 1 0.066Subject Sample 22:51

3.050Breath Volume 22:51

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.064Subject Sample 22:54

2.152Breath Volume 22:54

0.000Air Blank 22:54

0.077Control Test 22:55

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:4005/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:40

FHP Troop F

LEDFORD,TAYLOR

09/20/2022

1206004

FHP Troop F

WALKER,CALVIN,D

SUMMERALL

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:33

0.000Air Blank 23:34

23:34 RFI Detect

Air Blank 23:34 RFI Detect

Data Download Date/Time: 05/20/2020 07:58

17 August 2020

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:39:4805/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

21:40

FHP Troop F

LEDFORD,TAYLOR

09/20/2022

1206004

FHP Troop F

WALKER,CALVIN,D

SUMMERALL

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.078Control Test 23:37

0.000Air Blank 23:38

# 1Subject Sample 23:38 Subject Test Refused

0.000Breath Volume 23:38

0.000Air Blank 23:38

0.078Control Test 23:39

0.000Air Blank 23:39

OKDiagnostics Check 23:39

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:49:4405/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

22:29

FHP Troop F

PODHYSKI,PHILIP

09/20/2022

1206004

FHP Troop F

PODHYSKI,PHILIP,A

LOWRY

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:42

0.078Control Test 23:42

0.000Air Blank 23:43

# 1 0.041Subject Sample 23:44

4.578Breath Volume 23:44

0.000Air Blank 23:45

0.000Air Blank 23:47

# 2 0.038Subject Sample 23:48

4.707Breath Volume 23:48

0.000Air Blank 23:48

0.076Control Test 23:49

0.000Air Blank 23:49

OKDiagnostics Check 23:49

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:0305/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

23:08

Manatee County SO

BIGBY,CHARLES

09/20/2022

1206004

Manatee County SO

BIGBY,CHARLES,A

PEREZ

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:03

0.078Control Test 00:04

0.000Air Blank 00:04

# 1 0.153Subject Sample 00:05

2.234Breath Volume 00:05

0.000Air Blank 00:06

0.000Air Blank 00:07

# 2 0.151Subject Sample 00:08

2.191Breath Volume 00:08

0.000Air Blank 00:09

0.077Control Test 00:09

0.000Air Blank 00:09

OKDiagnostics Check 00:10

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:06:1805/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:40

19:57

FHP Troop F

TOMBERLIN,KEVIN

09/20/2022

1206004

FHP Troop F

TOMBERLIN,KEVIN,W

CAMPOS MATEO

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:03

0.000Air Blank 22:03

0.078Control Test 22:04

0.000Air Blank 22:04

# 1Subject Sample 22:04 Subject Test Refused

0.000Breath Volume 22:04

0.000Air Blank 22:05

0.077Control Test 22:05

0.000Air Blank 22:06

OKDiagnostics Check 22:06

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:3405/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:07

Manatee County SO

BIGBY,CHARLES

09/20/2022

1206004

Manatee County SO

BIGBY,CHARLES,A

INCAVIGLIA

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.077Control Test 00:14

0.000Air Blank 00:15

# 1 0.166Subject Sample 00:15

3.011Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.173Subject Sample 00:18

3.265Breath Volume 00:18

0.000Air Blank 00:19

0.076Control Test 00:19

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:43:4105/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:29

Manatee County SO

TERRERO,FRAICOR

09/20/2022

1206004

Manatee County SO

TERRERO,FRAICOR,

BURGY

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.077Control Test 00:37

0.000Air Blank 00:37

# 1 0.195Subject Sample 00:38

1.546Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:40

# 2 0.188Subject Sample 00:41

1.718Breath Volume 00:41

0.000Air Blank 00:42

0.076Control Test 00:43

0.000Air Blank 00:43

OKDiagnostics Check 00:43

Data Download Date/Time: 05/20/2020 07:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:5005/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:56

Manatee County SO

BIGBY,CHARLES

09/20/2022

1206004

Manatee County SO

BIGBY,CHARLES,A

HERNANDEZ

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.076Control Test 02:50

0.000Air Blank 02:51

# 1 0.188Subject Sample 02:52

2.406Breath Volume 02:52

0.000Air Blank 02:52

0.000Air Blank 02:54

# 2 0.181Subject Sample 02:55

2.246Breath Volume 02:55

0.000Air Blank 02:55

0.076Control Test 02:56

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 05/20/2020 07:59

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:20:4205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

01:59

FHP Troop F

LEDFORD,TAYLOR

09/20/2022

1206004

FHP Troop F

LEDFORD,TAYLOR,M

PEREZ SANDOVAL

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:12

0.000Air Blank 03:12

0.077Control Test 03:13

0.000Air Blank 03:13

# 1 0.194Subject Sample 03:15

2.207Breath Volume 03:15

0.000Air Blank 03:16

0.000Air Blank 03:18

# 2 0.192Subject Sample 03:19

1.351Breath Volume 03:19

0.000Air Blank 03:19

0.076Control Test 03:20

0.000Air Blank 03:20

OKDiagnostics Check 03:20

Data Download Date/Time: 05/20/2020 07:59

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:59:2705/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:34

FHP Troop F

SMITH,GERRY

09/20/2022

1206004

FHP Troop F

SMITH,GERRY,W

DIAZ DIAZ

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:56

0.000Air Blank 08:56

0.077Control Test 08:56

0.000Air Blank 08:57

# 1 0.192Subject Sample 08:57

2.515Breath Volume 08:57

Air Blank 08:57 Improper Sample

0.000Air Blank 08:58

0.078Control Test 08:58

0.000Air Blank 08:59

OKDiagnostics Check 08:59

Data Download Date/Time: 05/20/2020 07:59

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006634CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:07:5305/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:33

07:34

FHP Troop F

SITH,GERRY

09/20/2022

1206004

FHP Troop F

SMITH,GERRY,W

DIAZ DIAZ

04/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 09:01

0.000Air Blank 09:02

0.077Control Test 09:02

0.000Air Blank 09:02

# 1 0.220Subject Sample 09:03

2.566Breath Volume 09:03

0.000Air Blank 09:04

0.000Air Blank 09:05

# 2 0.213Subject Sample 09:06

2.640Breath Volume 09:06

0.000Air Blank 09:06

0.076Control Test 09:07

0.000Air Blank 09:07

OKDiagnostics Check 09:07

Data Download Date/Time: 05/20/2020 07:59

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006635CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4205/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:49

02:43

FHP Troop D

HARMAN,RICHARD

08/05/2020

17618080A3

FHP Troop D

HARMAN,RICHARD,J

WILSON

04/22/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:14

0.000Air Blank 03:14

0.079Control Test 03:15

0.000Air Blank 03:15

# 1 0.149Subject Sample 03:16

2.535Breath Volume 03:16

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.146Subject Sample 03:20

2.183Breath Volume 03:20

0.000Air Blank 03:20

0.078Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 05/22/2020 22:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006692CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3705/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:20

Holmes Beach PD

HURT,ALEXANDER

08/02/2022

1175970

Holmes Beach PD

HURT,ALEXANDER,C

HOWINGTON

05/08/2020

8100.27

HOLMES BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.077Control Test 02:55

0.000Air Blank 02:56

# 1Subject Sample 02:56 Subject Test Refused

0.000Breath Volume 02:56

0.000Air Blank 02:56

0.078Control Test 02:57

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 06/08/2020 09:10

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:4305/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:57

01:56

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

LAGUERRE

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:17

0.000Air Blank 02:17

0.079Control Test 02:18

0.000Air Blank 02:18

# 1 0.000Subject Sample 02:19

1.636Breath Volume 02:19

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.000Subject Sample 02:22

1.183Breath Volume 02:22

0.000Air Blank 02:22

0.078Control Test 02:23

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 05/18/2020 08:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:07:1505/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:39

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

ONEILL

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:01

0.000Air Blank 03:01

0.079Control Test 03:01

0.000Air Blank 03:02

# 1 0.125Subject Sample 03:02

2.382Breath Volume 03:02

0.000Air Blank 03:03

0.000Air Blank 03:05

# 2 0.119Subject Sample 03:05

3.171Breath Volume 03:05

0.000Air Blank 03:06

0.078Control Test 03:06

0.000Air Blank 03:07

OKDiagnostics Check 03:07

Data Download Date/Time: 05/18/2020 08:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:46:2305/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:17

21:16

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

WILLIAMS

04/06/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:40

0.000Air Blank 21:40

0.080Control Test 21:41

0.000Air Blank 21:41

# 1 0.000Subject Sample 21:42

2.527Breath Volume 21:42

0.000Air Blank 21:42

0.000Air Blank 21:44

# 2 0.000Subject Sample 21:45

1.605Breath Volume 21:45

0.000Air Blank 21:45

0.079Control Test 21:45

0.000Air Blank 21:46

OKDiagnostics Check 21:46

Data Download Date/Time: 05/18/2020 08:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:12:1005/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:44

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

PLESE

05/18/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 18:05

0.000Air Blank 18:05

0.079Control Test 18:06

0.000Air Blank 18:06

# 1 0.206Subject Sample 18:07

2.203Breath Volume 18:07

0.000Air Blank 18:08

0.000Air Blank 18:09

# 2 0.203Subject Sample 18:10

2.261Breath Volume 18:10

0.000Air Blank 18:11

0.078Control Test 18:11

0.000Air Blank 18:12

OKDiagnostics Check 18:12

Data Download Date/Time: 06/11/2020 10:11

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:55:4005/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

22:02

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

FLYNN

05/18/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:49

0.000Air Blank 22:49

0.080Control Test 22:49

0.000Air Blank 22:50

# 1 0.157Subject Sample 22:50

2.148Breath Volume 22:50

0.000Air Blank 22:51

0.000Air Blank 22:53

# 2 0.151Subject Sample 22:53

1.378Breath Volume 22:53

0.000Air Blank 22:54

0.079Control Test 22:54

0.000Air Blank 22:55

OKDiagnostics Check 22:55

Data Download Date/Time: 06/11/2020 10:11

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1105/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

01:18

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

GALDAMEZ LOPEZ

05/18/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:41

# 1 0.198Subject Sample 01:42

2.550Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.199Subject Sample 01:45

2.304Breath Volume 01:45

0.000Air Blank 01:46

0.079Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 06/11/2020 10:11

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006694CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:17:1305/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:49

Manatee County SO

ROWE,BRANDON

03/19/2022

1111579

Manatee County SO

ROWE,BRANDON,D

PADILLA DUARTE

05/18/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:10

0.000Air Blank 03:11

0.079Control Test 03:11

0.000Air Blank 03:11

# 1 0.186Subject Sample 03:12

2.789Breath Volume 03:12

0.000Air Blank 03:13

0.000Air Blank 03:14

# 2 0.185Subject Sample 03:15

2.605Breath Volume 03:15

0.000Air Blank 03:16

0.078Control Test 03:16

0.000Air Blank 03:17

OKDiagnostics Check 03:17

Data Download Date/Time: 06/11/2020 10:11

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:3505/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:47

00:56

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

HALSEY

04/23/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.082Control Test 01:10

0.000Air Blank 01:11

# 1 0.232Subject Sample 01:11

2.433Breath Volume 01:11

0.000Air Blank 01:12

0.000Air Blank 01:14

# 2 0.226Subject Sample 01:14

2.777Breath Volume 01:14

0.000Air Blank 01:15

0.082Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 05/22/2020 12:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:11:2905/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:50

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

CRISTOBAL OSMIN

04/23/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:04

0.081Control Test 02:05

0.000Air Blank 02:05

# 1 0.170Subject Sample 02:06

1.378Breath Volume 02:06

0.000Air Blank 02:07

0.000Air Blank 02:09

# 2 0.170Subject Sample 02:09

1.984Breath Volume 02:09

0.000Air Blank 02:10

0.082Control Test 02:10

0.000Air Blank 02:11

OKDiagnostics Check 02:11

Data Download Date/Time: 05/22/2020 12:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006758CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:22:0505/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:55

04:03

FHP Troop F

LEDFORD,TAYLOR

03/19/2022

1111579

FHP Troop F

LEDFORD,TAYLOR,M

CHAPERON HERNANDEZ

04/23/2020

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.082Control Test 04:16

0.000Air Blank 04:17

# 1 0.222Subject Sample 04:17

2.988Breath Volume 04:17

0.000Air Blank 04:18

0.000Air Blank 04:19

# 2 0.234Subject Sample 04:20

2.960Breath Volume 04:20

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:21

OKDiagnostics Check 04:22

Data Download Date/Time: 05/22/2020 12:58

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:54:5105/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:34

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

BOGER

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:51

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:53 RFI Detect

0.214Breath Volume 02:53

0.000Air Blank 02:53

0.075Control Test 02:54

0.000Air Blank 02:54

OKDiagnostics Check 02:54

Data Download Date/Time: 05/06/2020 20:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0605/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:44

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

BOGER

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:57

0.078Control Test 02:57

0.000Air Blank 02:57

# 1 0.136Subject Sample 03:00

1.667Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:02

# 2 0.146Subject Sample 03:03

1.839Breath Volume 03:03

0.000Air Blank 03:04

0.076Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 05/06/2020 20:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:5705/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:12

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

LYSENKO

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.078Control Test 21:26

0.000Air Blank 21:27

# 1 0.233Subject Sample 21:28

1.773Breath Volume 21:28

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.233Subject Sample 21:31

1.906Breath Volume 21:31

0.000Air Blank 21:31

0.076Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 05/06/2020 20:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:4605/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:27

FHP Troop G

SHORTER,D

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

VALDIVIA HERNANDEZ

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:41

Air Blank 23:41 RFI Detect

0.000Air Blank 23:41

Data Download Date/Time: 05/06/2020 20:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:2005/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

21:27

FHP Troop G

SHORTER,D

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

VALDIVIA HERNANDEZ

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:44

0.000Air Blank 23:45

0.078Control Test 23:45

0.000Air Blank 23:45

# 1 0.286Subject Sample 23:47

1.656Breath Volume 23:47

0.000Air Blank 23:48

0.000Air Blank 23:49

# 2 0.282Subject Sample 23:50

1.207Breath Volume 23:50

0.000Air Blank 23:51

0.077Control Test 23:51

0.000Air Blank 23:52

OKDiagnostics Check 23:52

Data Download Date/Time: 05/06/2020 20:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:37:2405/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

21:19

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

JOHNSON

04/13/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:31

0.000Air Blank 21:31

0.078Control Test 21:31

0.000Air Blank 21:32

# 1 0.000Subject Sample 21:33

2.742Breath Volume 21:33

0.000Air Blank 21:33

0.000Air Blank 21:35

# 2 0.000Subject Sample 21:36

2.011Breath Volume 21:36

0.000Air Blank 21:36

0.077Control Test 21:36

0.000Air Blank 21:37

OKDiagnostics Check 21:37

Data Download Date/Time: 05/11/2020 20:17

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:2005/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:44

22:52

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

WHITE

05/06/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:04

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

# 1 0.047Subject Sample 23:05

3.843Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.044Subject Sample 23:08

2.058Breath Volume 23:08

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 05/11/2020 20:17

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:5505/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:55

FHP Troop G

WHITE,TIMOTHY

02/05/2022

35019080A3

FHP Troop G

WHITE,TIMOTHY,E

LEDFORD

05/06/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.080Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:29

0.076Control Test 02:29

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 06/26/2020 18:44

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:1705/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:08

03:19

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

SHAW

05/06/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:02

0.000Air Blank 04:02

0.079Control Test 04:03

0.000Air Blank 04:03

# 1 0.000Subject Sample 04:04

2.582Breath Volume 04:04

0.000Air Blank 04:04

0.000Air Blank 04:06

# 2 0.000Subject Sample 04:06

2.488Breath Volume 04:06

0.000Air Blank 04:07

0.075Control Test 04:07

0.000Air Blank 04:08

OKDiagnostics Check 04:08

Data Download Date/Time: 06/26/2020 18:44

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006764CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:0605/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:07

00:12

FHP Troop G

MONTGOMERY,KENNETH

02/05/2022

35019080A3

FHP Troop G

MONTGOMERY,KENNETH,R

DOUGLAS

05/06/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:28

0.077Control Test 00:28

0.000Air Blank 00:28

# 1 0.000Subject Sample 00:29

1.550Breath Volume 00:29

0.000Air Blank 00:29

0.000Air Blank 00:31

# 2 0.000Subject Sample 00:32

1.394Breath Volume 00:32

0.000Air Blank 00:33

0.080Control Test 00:33 Interferent Detect

0.000Air Blank 00:34

Data Download Date/Time: 06/26/2020 18:44

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:48:3305/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:12

00:31

FHP Troop G

FARLEY,JOSEPH

04/05/2021

03519080A4

FHP Troop G

FARLEY,JOSEPH,E

DERVIL

05/01/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:38

0.000Air Blank 00:39

0.080Control Test 00:39

0.000Air Blank 00:40

# 1 0.202Subject Sample 00:42

1.289Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.194Subject Sample 00:46

1.515Breath Volume 00:46

0.000Air Blank 00:47

0.077Control Test 00:47

0.000Air Blank 00:48

OKDiagnostics Check 00:48

Data Download Date/Time: 06/26/2020 17:16

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:5305/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:36

02:54

FHP Troop G

FARLEY,JOSEPH

04/05/2021

03519080A4

FHP Troop G

FARLEY,JOSEPH,E

KAMDOUM

05/01/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:09

0.000Air Blank 03:09

# 1 0.192Subject Sample 03:10

1.234Breath Volume 03:10

0.000Air Blank 03:11

0.000Air Blank 03:13

# 2 0.196Subject Sample 03:14

1.195Breath Volume 03:14

0.000Air Blank 03:14

0.080Control Test 03:15

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 06/26/2020 17:16

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:05:3205/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

21:52

FHP Troop G

FARLEY,JOSEPH

04/05/2021

03519080A4

FHP Troop G

FARLEY,JOSEPH,E

BEST

05/01/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.079Control Test 21:59

0.000Air Blank 22:00

# 1 0.184Subject Sample 22:00

2.714Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:03

# 2 0.169Subject Sample 22:03

1.527Breath Volume 22:03

0.000Air Blank 22:04

0.079Control Test 22:04

0.000Air Blank 22:05

OKDiagnostics Check 22:05

Data Download Date/Time: 06/26/2020 17:16

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006765CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4705/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

02:09

FHP Troop G

FARLEY,JOSEPH

04/05/2021

03519080A4

FHP Troop G

FARLEY,JOSEPH,E

SANDERS

05/01/2020

8100.27

FHP TROOP G

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.258Subject Sample 02:17

1.917Breath Volume 02:17

0.000Air Blank 02:18

0.000Air Blank 02:19

# 2 0.257Subject Sample 02:20

1.714Breath Volume 02:20

0.000Air Blank 02:20

0.078Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 06/26/2020 17:16

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:1305/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:46

FHP Troop A

ALEXANDER,CHARLES

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

GREEN

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:23

0.000Air Blank 00:24

0.082Control Test 00:24

0.000Air Blank 00:24

# 1Subject Sample 00:28 No Sample Provided

0.000Breath Volume 00:28

0.000Air Blank 00:28

0.000Air Blank 00:30

# 2Subject Sample 00:30 Subject Test Refused

0.000Breath Volume 00:30

0.000Air Blank 00:31

0.081Control Test 00:31

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 05/17/2020 22:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:05:2405/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:28

00:22

FHP Troop A

CAPITAN,NICHOLAS

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

DENO

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:58

0.000Air Blank 00:59

0.081Control Test 00:59

0.000Air Blank 01:00

# 1 0.114Subject Sample 01:00

1.363Breath Volume 01:00

0.000Air Blank 01:01

0.000Air Blank 01:03

# 2 0.110Subject Sample 01:03

1.218Breath Volume 01:03

0.000Air Blank 01:04

0.080Control Test 01:04

0.000Air Blank 01:05

OKDiagnostics Check 01:05

Data Download Date/Time: 05/17/2020 22:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:3905/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:35

03:05

FHP Troop A

WHIPPLE,MATTHEW

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

KRAMER

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.286Subject Sample 03:58

3.500Breath Volume 03:58

0.000Air Blank 03:58

0.000Air Blank 04:00

# 2 0.285Subject Sample 04:00

3.546Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 05/17/2020 22:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:40:0905/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:10

FHP Troop A

DAVIS,KAYLAN

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

LITTLE

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.080Control Test 04:32

0.000Air Blank 04:32

# 1Subject Sample 04:36 No Sample Provided

0.000Breath Volume 04:36

0.000Air Blank 04:36

0.000Air Blank 04:38

# 2Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:39

0.080Control Test 04:39

0.000Air Blank 04:40

OKDiagnostics Check 04:40

Data Download Date/Time: 05/17/2020 22:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:2405/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:35

FHP Troop A

PEREIRA,JOSE

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

EVERING

04/21/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:57

0.000Air Blank 23:58

0.080Control Test 23:58

0.000Air Blank 23:59

# 1Subject Sample 00:02 No Sample Provided

0.000Breath Volume 00:02

0.000Air Blank 00:02

0.000Air Blank 00:04

# 2Subject Sample 00:05 Subject Test Refused

0.000Breath Volume 00:05

0.000Air Blank 00:05

0.080Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/17/2020 22:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:3405/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:12

20:36

FHP Troop A

STEINER,ZACHARY

12/11/2021

1060911

FHP Troop A

PEREIRA,JOSE,L

HERRIN

05/17/2020

8100.27

FHP

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:33

0.000Air Blank 21:33

0.079Control Test 21:33

0.000Air Blank 21:34

# 1Subject Sample 21:37 No Sample Provided

0.000Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2Subject Sample 21:40 Subject Test Refused

0.000Breath Volume 21:40

0.000Air Blank 21:40

0.079Control Test 21:40

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 06/07/2020 21:14

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:06:0605/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:31

02:07

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

05/05/2021

06419080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

OROZCO

04/29/2020

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:03

0.000Air Blank 03:03

0.077Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:05

0.077Control Test 03:05

0.000Air Blank 03:06

OKDiagnostics Check 03:06

Data Download Date/Time: 05/28/2020 15:25

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006895CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:18:0005/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:44

01:23

MIAMI-DADE PD

KINSEY-SMITH,FELICIA

05/05/2021

06419080A2

MIAMI-DADE PD

KINSEY-SMITH,FELICIA,R

MORLEY

04/29/2020

8100.27

MIAMI DADE P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:11

0.000Air Blank 02:11

0.078Control Test 02:11

0.000Air Blank 02:12

# 1 0.028Subject Sample 02:13

3.324Breath Volume 02:13

0.000Air Blank 02:13

0.000Air Blank 02:15

# 2 0.028Subject Sample 02:16

3.445Breath Volume 02:16

0.000Air Blank 02:17

0.077Control Test 02:17

0.000Air Blank 02:17

OKDiagnostics Check 02:18

Data Download Date/Time: 05/28/2020 15:25

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:08:2305/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:38

12:05

Broward County SO

ALTAMIRANDA,ANTONIO

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

CLAYTON

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:01

0.000Air Blank 14:02

0.081Control Test 14:02

0.000Air Blank 14:03

# 1 0.151Subject Sample 14:03

1.621Breath Volume 14:03

0.000Air Blank 14:04

0.000Air Blank 14:05

# 2 0.148Subject Sample 14:06

1.753Breath Volume 14:06

0.000Air Blank 14:07

0.081Control Test 14:07

0.000Air Blank 14:08

OKDiagnostics Check 14:08

Data Download Date/Time: 05/07/2020 12:56

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006924CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:5005/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:57

Broward County SO

SOUZA,MAYKOLL

06/17/2022

1157961

OTHER State

FRAZIER,ANAYA,S

CAREY

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.079Control Test 01:54

0.000Air Blank 01:55

# 1 0.000Subject Sample 01:55

1.187Breath Volume 01:55

0.000Air Blank 01:56

0.000Air Blank 01:58

# 2 0.000Subject Sample 01:58

2.136Breath Volume 01:58

0.000Air Blank 01:58

0.079Control Test 01:59

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 05/07/2020 12:57

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:5505/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

18:38

Broward County SO

CABRERA,JOSEPH

06/07/2021

970670

Pembroke Pines PD

TILLMAN,SHEILA,L

SILVA

04/09/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:22

0.000Air Blank 20:22

0.080Control Test 20:22

0.000Air Blank 20:23

# 1 0.231Subject Sample 20:25

2.312Breath Volume 20:25

0.000Air Blank 20:25

0.000Air Blank 20:27

# 2 0.229Subject Sample 20:28

1.277Breath Volume 20:28

0.000Air Blank 20:28

0.079Control Test 20:29

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 05/07/2020 11:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:5605/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

02:49

Broward County SO

GUZMAN,JOSE

06/07/2021

970670

Broward County SO

GRAY,SANDRA,

SOARES

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

# 1 0.141Subject Sample 03:56

2.625Breath Volume 03:56

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.140Subject Sample 03:59

1.605Breath Volume 03:59

0.000Air Blank 04:00

0.078Control Test 04:00

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 06/12/2020 15:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006925CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:0605/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:50

Broward County SO

GUZMAN,JOSE

06/07/2021

970670

Broward County SO

TILLMAN,SHEILA,L

SHAPIRO

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:46

0.000Air Blank 05:46

0.080Control Test 05:46

0.000Air Blank 05:47

# 1 0.310Subject Sample 05:48

2.050Breath Volume 05:48

0.000Air Blank 05:49

0.000Air Blank 05:51

# 2 0.306Subject Sample 05:52

1.300Breath Volume 05:52

0.000Air Blank 05:53

0.078Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 06/12/2020 15:08

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:10:5205/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:19

04:06

Ft. Walton Beach PD

CHAPIN,NATHAN

02/05/2021

181692

Ft. Walton Beach PD

MARTIN,JAMES,E

HIGGINSON

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:00

0.000Air Blank 05:00

0.081Control Test 05:00

0.000Air Blank 05:01

# 1 0.156Subject Sample 05:02

2.566Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 2 0.132Subject Sample 05:05

2.023Breath Volume 05:05

0.000Air Blank 05:06

0.000Air Blank 05:08

# 3 0.154Subject Sample 05:09

2.632Breath Volume 05:09

0.000Air Blank 05:09

0.079Control Test 05:10

0.000Air Blank 05:10

OKDiagnostics Check 05:10

Data Download Date/Time: 07/12/2020 03:00

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:13:3905/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:50

05:12

Ft. Walton Beach PD

JOHNSON,KARRY

02/05/2021

181692

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

SMEDLEY

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:10

0.000Air Blank 06:11

0.080Control Test 06:11

0.000Air Blank 06:12

# 1Subject Sample 06:12 Subject Test Refused

0.000Breath Volume 06:12

0.000Air Blank 06:12

0.080Control Test 06:13

0.000Air Blank 06:13

OKDiagnostics Check 06:13

Data Download Date/Time: 07/12/2020 03:00

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:1205/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

19:18

Okaloosa County SO

WALKER,LANDON

02/05/2021

181692

Okaloosa County SO

WALKER,LANDON,L

HOLLCROFT

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

# 1 0.000Subject Sample 21:13

1.113Breath Volume 21:13

0.000Air Blank 21:14

0.000Air Blank 21:16

# 2 0.000Subject Sample 21:16

2.054Breath Volume 21:16

0.000Air Blank 21:17

0.079Control Test 21:17

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:53:4105/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:52

Okaloosa County SO

LYBRAND,CHRISTOPHER

02/05/2021

181692

Okaloosa County SO

LYBRAND,CHRISTOPHER,J

STOUT

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1Subject Sample 21:52 Subject Test Refused

0.000Breath Volume 21:52

0.000Air Blank 21:52

0.079Control Test 21:53

0.000Air Blank 21:53

OKDiagnostics Check 21:53

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:31:1105/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:05

20:54

Ft. Walton Beach PD

MOONEY,SHANE

02/05/2021

181692

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

ANDREWS

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:28

0.000Air Blank 22:28

0.080Control Test 22:29

0.000Air Blank 22:29

# 1Subject Sample 22:29 Subject Test Refused

0.000Breath Volume 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:31

OKDiagnostics Check 22:31

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:07:3005/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

19:11

Ft. Walton Beach PD

MOONEY,SHANE

02/05/2021

181692

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

LEBLANC

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:01

0.080Control Test 20:01

0.000Air Blank 20:02

# 1 0.074Subject Sample 20:02

2.593Breath Volume 20:02

0.000Air Blank 20:03

0.000Air Blank 20:05

# 2 0.070Subject Sample 20:05

3.156Breath Volume 20:05

0.000Air Blank 20:06

0.081Control Test 20:06

0.000Air Blank 20:07

OKDiagnostics Check 20:07

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:35:0605/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:11

18:52

Ft. Walton Beach PD

WOLL,MICHAEL

02/05/2021

181692

Ft. Walton Beach PD

WOLL,MICHAEL,

WILLIAMSON

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:32

0.000Air Blank 19:32

0.080Control Test 19:32

0.000Air Blank 19:33

# 1Subject Sample 19:33 Subject Test Refused

0.000Breath Volume 19:33

0.000Air Blank 19:34

0.080Control Test 19:34

0.000Air Blank 19:35

OKDiagnostics Check 19:35

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006931CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:12:5705/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

21:58

Ft. Walton Beach PD

SANTIAGO,EDGARDO

02/05/2021

181692

Ft. Walton Beach PD

SANTIAGO,EDGARDO,

HOFFMAN

05/01/2020

8100.27

FT WALTON BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:59

0.000Air Blank 23:00

0.080Control Test 23:00

0.000Air Blank 23:01

# 1Subject Sample 23:04 No Sample Provided

0.000Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.322Subject Sample 23:08

2.195Breath Volume 23:08

0.000Air Blank 23:08

0.000Air Blank 23:10

# 3 0.314Subject Sample 23:11

3.421Breath Volume 23:11

0.000Air Blank 23:12

0.079Control Test 23:12

0.000Air Blank 23:12

OKDiagnostics Check 23:12

Data Download Date/Time: 07/12/2020 03:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-006939CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:50:4905/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:20

15:17

Fort Lauderdale PD

PRIETO,MARCO

03/19/2023

1298240

Fort Lauderdale PD

KEATING,KAYLA,C

TEITEL

05/28/2020

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:42

0.000Air Blank 16:42

0.078Control Test 16:43

0.000Air Blank 16:43

# 1 0.163Subject Sample 16:44

1.707Breath Volume 16:44

0.000Air Blank 16:45

0.000Air Blank 16:47

# 2 0.143Subject Sample 16:49

1.507Breath Volume 16:49

0.000Air Blank 16:49

0.077Control Test 16:50

0.000Air Blank 16:50

OKDiagnostics Check 16:50

Data Download Date/Time: 06/12/2020 15:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:0405/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:57

23:13

Broward County SO

HOLLIGAN,DANIEL

06/07/2021

970670

OTHER State

FRAZIER,ANAYA,S

FISHER

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.230Subject Sample 01:22

1.429Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:24

# 2 0.224Subject Sample 01:25

1.585Breath Volume 01:25

0.000Air Blank 01:26

0.079Control Test 01:26

0.000Air Blank 01:26

OKDiagnostics Check 01:27

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:2805/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:33

23:47

Broward County SO

CHARLES,WOODNELL

06/07/2021

970670

Broward County SO

FRAZIER,ANAYA,S

GONZALES

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:56

0.000Air Blank 00:56

0.079Control Test 00:57

0.000Air Blank 00:57

# 1 0.196Subject Sample 00:58

1.156Breath Volume 00:58

0.000Air Blank 00:58

0.000Air Blank 01:00

# 2 0.202Subject Sample 01:00

1.859Breath Volume 01:00

0.000Air Blank 01:01

0.078Control Test 01:01

0.000Air Blank 01:02

OKDiagnostics Check 01:02

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:36:4905/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:08

00:24

Broward County SO

HOLLIGAN,DANIEL

06/07/2021

970670

OTHER State

FRAZIER,ANAYA,S

PETRAITIS

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:29

0.000Air Blank 01:29

0.079Control Test 01:30

0.000Air Blank 01:30

# 1 0.114Subject Sample 01:32

1.164Breath Volume 01:32

0.000Air Blank 01:32

0.000Air Blank 01:34

# 2 0.126Subject Sample 01:35

1.125Breath Volume 01:35

0.000Air Blank 01:35

0.079Control Test 01:36

0.000Air Blank 01:36

OKDiagnostics Check 01:36

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:3705/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:19

Broward County SO

VELEZ,JONATHAN

06/07/2021

970670

Fort Lauderdale PD

TILLMAN,SHEILA,L

THRIFT

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.000Subject Sample 22:57

3.085Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.000Subject Sample 23:00

2.621Breath Volume 23:00

0.000Air Blank 23:00

0.080Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:50:4205/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:36

Broward County SO

GUZMAN,JOSE

06/07/2021

970670

Broward County SO

TILLMAN,SHEILA,L

JESPERSEN

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:44

# 1 0.087Subject Sample 02:46

1.675Breath Volume 02:46

0.000Air Blank 02:46

0.000Air Blank 02:48

# 2 0.098Subject Sample 02:49

1.656Breath Volume 02:49

0.000Air Blank 02:49

0.080Control Test 02:50

0.000Air Blank 02:50

OKDiagnostics Check 02:50

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:22:1805/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:52

21:14

Broward County SO

LUNA,KRISTINA

06/07/2021

970670

Miramar PD

GRAY,SANDRA,

TAFFE

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:17

# 1 0.179Subject Sample 22:17

1.156Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:20

# 2 0.173Subject Sample 22:20

1.574Breath Volume 22:20

0.000Air Blank 22:21

0.079Control Test 22:21

0.000Air Blank 22:22

OKDiagnostics Check 22:22

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:2105/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:30

03:55

Broward County SO

LUNA,KRISTINA

06/07/2021

970670

Miramar PD

GRAY,SANDRA,

REYNOLDS

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.080Control Test 04:52

0.000Air Blank 04:53

# 1 0.151Subject Sample 04:54

1.593Breath Volume 04:54

0.000Air Blank 04:55

0.000Air Blank 04:57

# 2 0.149Subject Sample 04:57

1.164Breath Volume 04:57

0.000Air Blank 04:58

0.078Control Test 04:58

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:05:1205/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

04:49

Broward County SO

BOONE,MICHAEL

06/07/2021

970670

Pembroke Pines PD

GRAY,SANDRA,

SINGH

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:01

0.000Air Blank 07:01

0.080Control Test 07:01

0.000Air Blank 07:02

# 1Subject Sample 07:03 Subject Test Refused

0.000Breath Volume 07:03

0.000Air Blank 07:04

0.080Control Test 07:04

0.000Air Blank 07:05

OKDiagnostics Check 07:05

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:4005/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:54

Broward County SO

HENRY,GAVIN

06/07/2021

970670

Coconut Creek Pub Sf

TILLMAN,SHEILA,L

BERNABE

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.079Control Test 01:00

0.000Air Blank 01:00

# 1 0.146Subject Sample 01:01

2.246Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.144Subject Sample 01:05

1.699Breath Volume 01:05

0.000Air Blank 01:05

0.079Control Test 01:06

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:0405/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:20

Broward County SO

BERGER,MICHAEL

06/07/2021

970670

Pembroke Pines PD

TILLMAN,SHEILA,L

HAWKES

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:49

0.000Air Blank 01:49

# 1 0.272Subject Sample 01:50

3.203Breath Volume 01:50

0.000Air Blank 01:51

0.000Air Blank 01:52

# 2 0.268Subject Sample 01:53

3.613Breath Volume 01:53

0.000Air Blank 01:54

0.078Control Test 01:54

0.000Air Blank 01:54

OKDiagnostics Check 01:55

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007006CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:46:1005/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:18

22:19

Broward County SO

GUZMAN,JOSE

06/07/2021

970670

Broward County SO

FRAZIER,ANAYA,S

KNIGHT

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.079Control Test 23:40

0.000Air Blank 23:40

# 1 0.325Subject Sample 23:41

2.515Breath Volume 23:41

0.000Air Blank 23:41

0.000Air Blank 23:43

# 2 0.330Subject Sample 23:44

1.789Breath Volume 23:44

0.000Air Blank 23:45

0.079Control Test 23:45

0.000Air Blank 23:46

OKDiagnostics Check 23:46

Data Download Date/Time: 06/12/2020 14:51

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:4105/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

21:45

Broward County SO

SHERBO,JOSEPH

06/14/2020

796576

Broward County SO

FRAZIER,ANAYA,S

SOARES

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:48

0.000Air Blank 22:48

0.079Control Test 22:48

0.000Air Blank 22:49

# 1 0.011Subject Sample 22:49

1.562Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.010Subject Sample 22:53

2.253Breath Volume 22:53

0.000Air Blank 22:53

0.079Control Test 22:54

0.000Air Blank 22:54

OKDiagnostics Check 22:54

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:42:2805/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:45

Broward County SO

SOUZA,MAYKOLL

06/14/2020

796576

OTHER State

FRAZIER,ANAYA,S

RODRIGUES DE FRANCA

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:37

# 1 0.157Subject Sample 00:37

3.468Breath Volume 00:37

0.000Air Blank 00:38

0.000Air Blank 00:40

# 2 0.155Subject Sample 00:40

1.242Breath Volume 00:40

0.000Air Blank 00:41

0.077Control Test 00:41

0.000Air Blank 00:42

OKDiagnostics Check 00:42

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:52:0105/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:29

Broward County SO

LUC,N

06/14/2020

796576

OTHER State

FRAZIER,ANAYA,S

WONG

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:45

0.000Air Blank 03:46

0.078Control Test 03:46

0.000Air Blank 03:47

# 1 0.000Subject Sample 03:47

1.347Breath Volume 03:47

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.000Subject Sample 03:50

1.828Breath Volume 03:50

0.000Air Blank 03:51

0.079Control Test 03:51

0.000Air Blank 03:51

OKDiagnostics Check 03:52

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:0705/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:55

03:59

Broward County SO

HOLLIGAN,DANIEL

06/14/2020

796576

OTHER State

FRAZIER,ANAYA,S

PEREZ JR

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:17

0.000Air Blank 05:17

0.078Control Test 05:18

0.000Air Blank 05:18

# 1 0.129Subject Sample 05:19

2.441Breath Volume 05:19

0.000Air Blank 05:20

0.000Air Blank 05:21

# 2 0.130Subject Sample 05:22

2.039Breath Volume 05:22

0.000Air Blank 05:23

0.079Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:4605/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:42

23:55

Broward County SO

ROJAS,RANDY

06/14/2020

796576

OTHER State

FRAZIER,ANAYA,S

MOGAVERO

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:03

0.000Air Blank 01:03

0.079Control Test 01:03

0.000Air Blank 01:04

# 1 0.000Subject Sample 01:04

1.335Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 2 0.000Subject Sample 01:08

1.410Breath Volume 01:08

0.000Air Blank 01:08

0.080Control Test 01:09

0.000Air Blank 01:09

OKDiagnostics Check 01:09

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:5505/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:58

Broward County SO

ARMSTRONG,BRITTNEY

06/14/2020

796576

Broward County SO

GRAY,SANDRA,

ROBERSON

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:46

# 1 0.206Subject Sample 01:49

1.710Breath Volume 01:49

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.190Subject Sample 01:54 Slope Not Level

1.375Breath Volume 01:54

Air Blank 01:55 Purge Fail

0.000Air Blank 01:55

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:5805/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:23

00:58

Broward County SO

ARMSTRONG,BRITTNEY

06/14/2020

796576

Broward County SO

GRAY,SANDRA,

ROBERSON

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.075Control Test 02:01

0.000Air Blank 02:02

# 1 0.204Subject Sample 02:03

1.343Breath Volume 02:03

0.000Air Blank 02:04

0.000Air Blank 02:05

# 2 0.203Subject Sample 02:07

1.394Breath Volume 02:07

0.000Air Blank 02:08

0.077Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:36:0205/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:27

Broward County SO

FRIEDLANDER,JAMES

06/14/2020

796576

Margate PD

TILLMAN,SHEILA,L

CONNOLLY

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:29

0.000Air Blank 00:29

0.079Control Test 00:30

0.000Air Blank 00:30

# 1 0.017Subject Sample 00:31

3.171Breath Volume 00:31

0.000Air Blank 00:32

0.000Air Blank 00:33

# 2 0.015Subject Sample 00:34

1.949Breath Volume 00:34

0.000Air Blank 00:35

0.079Control Test 00:35

0.000Air Blank 00:35

OKDiagnostics Check 00:36

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:04:3705/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

00:04

Broward County SO

BOONE,MICHAEL

06/14/2020

796576

Pembroke Pines PD

FRAZIER,ANAYA,S

JUAN MARTIN

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:58

0.000Air Blank 00:58

0.078Control Test 00:59

0.000Air Blank 00:59

# 1 0.216Subject Sample 01:00

2.144Breath Volume 01:00

0.000Air Blank 01:00

0.000Air Blank 01:02

# 2 0.208Subject Sample 01:02

2.773Breath Volume 01:02

0.000Air Blank 01:03

0.078Control Test 01:03

0.000Air Blank 01:04

OKDiagnostics Check 01:04

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007008CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2105/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:22

03:51

Broward County SO

GUZMAN,JOSE

06/14/2020

796576

Broward County SO

TILLMAN,SHEILA,L

MARSHALL

05/07/2020

8100.27

BROWARD COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:46

0.000Air Blank 04:47

0.079Control Test 04:47

0.000Air Blank 04:48

# 1 0.147Subject Sample 04:48

1.835Breath Volume 04:48

0.000Air Blank 04:49

0.000Air Blank 04:51

# 2 0.159Subject Sample 04:51

2.269Breath Volume 04:51

0.000Air Blank 04:52

0.077Control Test 04:52

0.000Air Blank 04:53

OKDiagnostics Check 04:53

Data Download Date/Time: 06/12/2020 20:15

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007009CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:4305/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:11

04:08

Fort Lauderdale PD

CARTER,JAMES

03/19/2023

1298240

Fort Lauderdale PD

STONER,NATHAN,C

MAROE

04/14/2020

8100.27

FORT LAUDERDALE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:32

0.000Air Blank 04:33

0.078Control Test 04:33

0.000Air Blank 04:34

# 1Subject Sample 04:35 Subject Test Refused

0.000Breath Volume 04:35

0.000Air Blank 04:35

0.079Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 05/28/2020 22:25

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007078CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:4105/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:53

01:18

FFWCC (SW REGION)

PLUSSA,KYLE

02/05/2021

32518080A1

FFWCC (SW REGION)

PLUSSA,KYLE,A

VALDEZ

05/06/2020

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:27

0.000Air Blank 03:28

0.080Control Test 03:28

0.000Air Blank 03:29

# 1 0.156Subject Sample 03:29

1.257Breath Volume 03:29

0.000Air Blank 03:30

0.000Air Blank 03:32

# 2 0.142Subject Sample 03:32

1.480Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

Air Blank 03:34 RFI Detect

0.000Air Blank 03:34

Data Download Date/Time: 06/03/2020 14:53

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:17:0405/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

21:47

Charlotte County SO

LEUTHNER,NICHOLAS

02/05/2021

32518080A2

Charlotte County SO

LEUTHNER,NICHOLAS,

BARNES

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:09

0.000Air Blank 23:09

0.080Control Test 23:10

0.000Air Blank 23:10

# 1 0.134Subject Sample 23:11

1.789Breath Volume 23:11

0.000Air Blank 23:12

0.000Air Blank 23:13

# 2 0.144Subject Sample 23:15

1.488Breath Volume 23:15

0.000Air Blank 23:16

0.085Control Test 23:16 Interferent Detect

0.000Air Blank 23:17

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:1305/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

04:15

Charlotte County SO

CORBIN,THOMAS

02/05/2021

32518080A2

Charlotte County SO

LEONARD,ALEYA,D

WILLIAMS

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.080Control Test 04:51

0.000Air Blank 04:52

# 1 0.118Subject Sample 04:53

1.726Breath Volume 04:53

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.114Subject Sample 04:56

1.507Breath Volume 04:56

0.000Air Blank 04:57

0.083Control Test 04:57 Interferent Detect

0.000Air Blank 04:58

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:3805/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:08

20:33

Charlotte County SO

LAROSA,R

02/05/2021

32518080A2

Charlotte County SO

LARKINS,CLINTON,T

FLORES

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.079Control Test 21:37

0.000Air Blank 21:38

# 1 0.101Subject Sample 21:38

1.281Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:41

# 2 0.098Subject Sample 21:42

1.289Breath Volume 21:42

0.000Air Blank 21:42

0.079Control Test 21:43

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:3105/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:33

21:55

Charlotte County SO

HARTMANSTORFER,CHRISTOP
HER

02/05/2021

32518080A2

Charlotte County SO

LEONARD,ALEYA,D

JOHNSON

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:56

0.000Air Blank 01:56

0.079Control Test 01:57

0.000Air Blank 01:57

# 1 0.076Subject Sample 01:58

1.363Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:00

# 2 0.074Subject Sample 02:01

1.250Breath Volume 02:01

0.000Air Blank 02:02

0.080Control Test 02:02

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:0705/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:46

01:13

Charlotte County SO

CIOLINO,LOUIS

02/05/2021

32518080A2

Charlotte County SO

MANCILLA,RICHARD,P

SUBLER

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:11

0.000Air Blank 02:12

0.079Control Test 02:12

0.000Air Blank 02:13

# 1 0.223Subject Sample 02:13

2.617Breath Volume 02:13

0.000Air Blank 02:14

0.000Air Blank 02:15

# 2 0.201Subject Sample 02:16

1.886Breath Volume 02:16

0.000Air Blank 02:17

0.000Air Blank 02:18

# 3 0.211Subject Sample 02:19

1.296Breath Volume 02:19

0.000Air Blank 02:20

0.081Control Test 02:20

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:53:5405/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:22

19:52

Charlotte County SO

THABIT,CD

02/05/2021

32518080A2

Charlotte County SO

BROWN,JAMES,R

BROWN

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:47

0.000Air Blank 20:48

0.080Control Test 20:48

0.000Air Blank 20:48

# 1 0.000Subject Sample 20:49

1.175Breath Volume 20:49

0.000Air Blank 20:49

0.000Air Blank 20:51

# 2 0.000Subject Sample 20:52

1.644Breath Volume 20:52

0.000Air Blank 20:52

0.083Control Test 20:53

0.000Air Blank 20:53

OKDiagnostics Check 20:53

Data Download Date/Time: 05/13/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4305/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:22

Charlotte County SO

CHANDLER,R

02/05/2021

32518080A2

Charlotte County SO

ACEBO,ANDRES,L

SEAMAN

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:13

0.079Control Test 00:13

0.000Air Blank 00:14

# 1 0.127Subject Sample 00:15

1.820Breath Volume 00:15

0.000Air Blank 00:16

0.000Air Blank 00:17

# 2 0.121Subject Sample 00:19

2.035Breath Volume 00:19

0.000Air Blank 00:19

0.082Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 05/13/2020 19:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:0805/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:32

Charlotte County SO

ALLEN,M

02/05/2021

32518080A2

Charlotte County SO

MONN,C,R

MELNICHUK

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.079Control Test 00:21

0.000Air Blank 00:21

# 1 0.181Subject Sample 00:22

2.523Breath Volume 00:22

0.000Air Blank 00:23

0.000Air Blank 00:24

# 2 0.172Subject Sample 00:25

3.722Breath Volume 00:25

0.000Air Blank 00:26

0.081Control Test 00:26

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 05/13/2020 19:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007083CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:30:0605/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:28

Charlotte County SO

VETRI,THOMAS

02/05/2021

32518080A2

Punta Gorda PD

MANCILLA,RICHARD,P

WRIGHT

04/26/2020

8100.27

CHARLOTTE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:22

0.000Air Blank 02:23

0.079Control Test 02:23

0.000Air Blank 02:23

# 1 0.179Subject Sample 02:25

1.453Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:27

# 2 0.174Subject Sample 02:28

1.433Breath Volume 02:28

0.000Air Blank 02:29

0.081Control Test 02:29

0.000Air Blank 02:30

OKDiagnostics Check 02:30

Data Download Date/Time: 05/13/2020 19:34

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:2505/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:58

Hillsborough Co SO

PECKLAK,M

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

VASILEV

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.078Control Test 01:33

0.000Air Blank 01:34

# 1 0.140Subject Sample 01:37 Volume Not Met

0.988Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2Subject Sample 01:43 No Sample Provided

0.000Breath Volume 01:43

0.000Air Blank 01:43

0.073Control Test 01:43 Control Outside Tolerance

0.000Air Blank 01:44

Data Download Date/Time: 06/04/2020 13:06

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:59:2405/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:12

00:58

Hillsborough Co SO

PECYLAK,M

10/05/2021

22419080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

VASILEV

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:51

0.077Control Test 01:51

0.000Air Blank 01:52

# 1 0.146Subject Sample 01:53

1.183Breath Volume 01:53

0.000Air Blank 01:54

0.000Air Blank 01:56

# 2 0.149Subject Sample 01:57

1.742Breath Volume 01:57

0.000Air Blank 01:58

0.078Control Test 01:58

0.000Air Blank 01:59

OKDiagnostics Check 01:59

Data Download Date/Time: 06/04/2020 13:06

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:57:3305/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:02

Hillsborough Co SO

RIVERA,M

10/05/2021

22419080A2

Hillsborough Co SO

PEQUIGNOT,KYLIE,C

SPENCER HARTMAN BEIR

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.078Control Test 02:51

0.000Air Blank 02:51

# 1 0.178Subject Sample 02:52

2.722Breath Volume 02:52

0.000Air Blank 02:53

0.000Air Blank 02:55

# 2 0.174Subject Sample 02:55

2.140Breath Volume 02:55

0.000Air Blank 02:56

0.077Control Test 02:56

0.000Air Blank 02:57

OKDiagnostics Check 02:57

Data Download Date/Time: 06/04/2020 13:06

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:55:1305/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:28

20:15

Hillsborough Co SO

ANDREWS,S

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

MCCOLLOCH JR

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:49

0.079Control Test 20:49

0.000Air Blank 20:50

# 1 0.172Subject Sample 20:50

2.246Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:53

# 2 0.160Subject Sample 20:53

1.828Breath Volume 20:53

0.000Air Blank 20:54

0.077Control Test 20:54

0.000Air Blank 20:55

OKDiagnostics Check 20:55

Data Download Date/Time: 06/04/2020 13:07

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007158CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:35:4105/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:09

20:49

Hillsborough Co SO

KLENOFSKY,A

10/05/2021

22419080A2

Hillsborough Co SO

HOLLAND,CHARLEENE,N

FOUCH JR

05/04/2020

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:29

0.000Air Blank 21:29

0.079Control Test 21:30

0.000Air Blank 21:30

# 1 0.000Subject Sample 21:31

2.445Breath Volume 21:31

0.000Air Blank 21:31

0.000Air Blank 21:33

# 2 0.000Subject Sample 21:34

2.371Breath Volume 21:34

0.000Air Blank 21:34

0.078Control Test 21:35

0.000Air Blank 21:35

OKDiagnostics Check 21:35

Data Download Date/Time: 06/04/2020 13:07

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:44:2205/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:17

09:59

Hardee County SO

BENAVIDEZ,RENE

03/05/2021

181632

Wauchula PD

HERNANDEZ,JESSICA,N

KELLEY

04/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 10:37

0.000Air Blank 10:38

0.079Control Test 10:38

0.000Air Blank 10:38

# 1 0.000Subject Sample 10:40

2.308Breath Volume 10:40

0.000Air Blank 10:40

0.000Air Blank 10:42

# 2 0.000Subject Sample 10:42

1.968Breath Volume 10:42

0.000Air Blank 10:43

0.078Control Test 10:43

0.000Air Blank 10:44

OKDiagnostics Check 10:44

Data Download Date/Time: 05/30/2020 19:07

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:38:1405/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

20:11

Hardee County SO

PERALTA,ACEVEDO

03/05/2021

181632

FHP Troop F

HOLT,CATESSA,B

ALEMAN

04/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:35

0.079Control Test 21:36

0.000Air Blank 21:36

# 1Subject Sample 21:36 Subject Test Refused

0.000Breath Volume 21:36

0.000Air Blank 21:37

0.080Control Test 21:37

0.000Air Blank 21:38

OKDiagnostics Check 21:38

Data Download Date/Time: 05/30/2020 19:07

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007160CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:19:4605/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:37

Hardee County SO

BRANDEBERRY,JEREMY

03/05/2021

181632

Hardee County SO

RODRIGUEZ,RAYNALDO,

HENSLEY

04/29/2020

8100.27

HARDEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:12

# 1 0.256Subject Sample 21:12

1.617Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.263Subject Sample 21:18

1.687Breath Volume 21:18

0.000Air Blank 21:18

0.080Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:19

Data Download Date/Time: 05/30/2020 19:07

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:0905/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:35

20:00

Key West PD

DONAVON,KATHLEEN

03/05/2021

181692

Monroe County SO

MOGERLEY,NEIL,F

GRAHAM

04/07/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:03

0.079Control Test 23:03

0.000Air Blank 23:04

# 1 0.170Subject Sample 23:05

3.550Breath Volume 23:05

0.000Air Blank 23:05

0.000Air Blank 23:07

# 2 0.166Subject Sample 23:08

1.691Breath Volume 23:08

0.000Air Blank 23:09

0.078Control Test 23:09

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 05/12/2020 12:22

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:46:1105/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:58

Monroe County SO

DONAVON,KATHLEEN

03/05/2021

181692

Monroe County SO

LANE,JONATHAN,M

ALVAREZ GONZALES

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:39

0.000Air Blank 01:39

0.079Control Test 01:39

0.000Air Blank 01:40

# 1 0.199Subject Sample 01:41

4.253Breath Volume 01:41

0.000Air Blank 01:42

0.000Air Blank 01:43

# 2 0.201Subject Sample 01:44

4.554Breath Volume 01:44

0.000Air Blank 01:45

0.078Control Test 01:45

0.000Air Blank 01:46

OKDiagnostics Check 01:46

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:17:5705/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:57

Monroe County SO

DONAVON,KATHLEEN

03/05/2021

181692

Monroe County SO

CALHOUN,EVAN,R

EVANS

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:14

0.000Air Blank 06:15

0.079Control Test 06:15

0.000Air Blank 06:16

# 1Subject Sample 06:16 RFI Detect

0.000Breath Volume 06:16

0.000Air Blank 06:17

0.079Control Test 06:17

0.000Air Blank 06:17

OKDiagnostics Check 06:17

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:27:2905/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:35

04:57

Monroe County SO

DONAVON,KATHLEEN

03/05/2021

181692

Monroe County SO

CALHOUN,EVAN,R

EVANS

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:19

0.000Air Blank 06:20

0.079Control Test 06:20

0.000Air Blank 06:20

# 1 0.191Subject Sample 06:22

1.183Breath Volume 06:22

0.000Air Blank 06:22

0.000Air Blank 06:24

# 2 0.193Subject Sample 06:25

2.031Breath Volume 06:25

0.000Air Blank 06:26

0.078Control Test 06:26

0.000Air Blank 06:27

OKDiagnostics Check 06:27

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:2905/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:22

02:43

Monroe County SO

GUERRA,WILLIAM

03/05/2021

181692

Monroe County SO

GUERRA,WILLIAM,J

RICHARDSON

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:42

0.000Air Blank 03:42

0.080Control Test 03:43

0.000Air Blank 03:43

# 1 0.000Subject Sample 03:44

2.140Breath Volume 03:44

0.000Air Blank 03:44

0.000Air Blank 03:46

# 2 0.000Subject Sample 03:47

3.281Breath Volume 03:47

0.000Air Blank 03:47

0.078Control Test 03:47

0.000Air Blank 03:48

OKDiagnostics Check 03:48

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:1705/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:45

22:07

FFWCC (West Palm)

COBB,AUSTIN

03/05/2021

181692

FFWCC (West Palm)

SAPP,BRIAN,L

MOWER

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.079Control Test 23:16

0.000Air Blank 23:16

# 1 0.123Subject Sample 23:17

4.539Breath Volume 23:17

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.116Subject Sample 23:20

4.023Breath Volume 23:20

0.000Air Blank 23:21

0.077Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:23:5705/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

22:08

22:08

FFWCC (West Palm)

SAPP,BRIAN

03/05/2021

181692

FFWCC (West Palm)

SAPP,BRIAN,L

GOULD

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:12

0.000Air Blank 23:13

0.079Control Test 23:13

0.000Air Blank 23:13

# 1Subject Sample 23:16 No Sample Provided

0.000Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2Subject Sample 23:22 No Sample Provided

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.079Control Test 23:23

0.000Air Blank 23:23

OKDiagnostics Check 23:23

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007167CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1705/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

23:37

Monroe County SO

WAITE,KENNETH

03/05/2021

181692

Key West PD

GUERRA,WILLIAM,J

LOPEZ

05/12/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:06

0.077Control Test 01:06

0.000Air Blank 01:07

# 1 0.201Subject Sample 01:07

2.757Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 2 0.189Subject Sample 01:10

1.117Breath Volume 01:10

0.000Air Blank 01:11

0.076Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 06/09/2020 10:41

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:52:5205/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:15

18:15

FFWCC (West Palm)

CARTAYA,GUILLERMO

03/05/2021

00919080A1

FFWCC (West Palm)

CARTAYA,GUILLERMO,

LONDONO

04/21/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:47

0.076Control Test 18:47

0.000Air Blank 18:48

# 1 0.148Subject Sample 18:48

2.351Breath Volume 18:48

0.000Air Blank 18:49

0.000Air Blank 18:50

# 2 0.145Subject Sample 18:51

3.343Breath Volume 18:51

0.000Air Blank 18:51

0.075Control Test 18:52

0.000Air Blank 18:52

OKDiagnostics Check 18:52

Data Download Date/Time: 05/19/2020 12:13

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:0305/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:41

20:17

FFWCC (West Palm)

PRESSER,JAMES

03/05/2021

00919080A1

FFWCC (West Palm)

OSORIO,MILTON,A

OSPINA

04/21/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.076Control Test 21:02

0.000Air Blank 21:02

# 1Subject Sample 21:04 Subject Test Refused

0.000Breath Volume 21:04

0.000Air Blank 21:05

0.077Control Test 21:05

0.000Air Blank 21:05

OKDiagnostics Check 21:06

Data Download Date/Time: 05/19/2020 12:13

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:3205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:16

19:42

FFWCC (West Palm)

STANTON,TARYN

03/05/2021

00919080A1

FFWCC (West Palm)

MCKINLEY,STEVEN,J

CABADA

04/21/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.078Control Test 20:38

0.000Air Blank 20:38

# 1 0.208Subject Sample 20:40

1.203Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:42

# 2Subject Sample 20:43 Subject Test Refused

0.121Breath Volume 20:43

0.000Air Blank 20:44

0.074Control Test 20:44 Control Outside Tolerance

0.000Air Blank 20:45

Data Download Date/Time: 05/19/2020 12:13

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:4105/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:44

19:44

FFWCC (West Palm)

STANTON,TARYN

03/05/2021

00919080A1

FFWCC (West Palm)

CARTAYA,GUILLERMO,

CABRERA

05/18/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:18

0.000Air Blank 20:18

0.077Control Test 20:19

0.000Air Blank 20:19

# 1 0.124Subject Sample 20:20

2.628Breath Volume 20:20

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.129Subject Sample 20:23

2.777Breath Volume 20:23

0.000Air Blank 20:23

0.076Control Test 20:24

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 07/16/2020 19:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:00:2005/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:00

18:00

FFWCC (West Palm)

BRUDER,ALEX

03/05/2021

00919080A1

FFWCC (West Palm)

MCKINLEY,STEVEN,J

DALCOMUNE

05/18/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:53

0.000Air Blank 18:53

0.077Control Test 18:54

0.000Air Blank 18:54

# 1 0.118Subject Sample 18:55

1.355Breath Volume 18:55

0.000Air Blank 18:56

0.000Air Blank 18:57

# 2 0.115Subject Sample 18:58

2.089Breath Volume 18:58

0.000Air Blank 18:59

0.075Control Test 18:59

0.000Air Blank 19:00

OKDiagnostics Check 19:00

Data Download Date/Time: 07/16/2020 19:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007168CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:27:5405/31/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:51

17:51

FFWCC (West Palm)

STANTON,TARYN

03/05/2021

00919080A1

FFWCC (West Palm)

MCKINLEY,STEVEN,J

ASENCIO

05/18/2020

8100.27

FWCC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:25

0.000Air Blank 18:25

0.077Control Test 18:25

0.000Air Blank 18:26

# 1Subject Sample 18:26 Subject Test Refused

0.000Breath Volume 18:26

0.000Air Blank 18:26

0.077Control Test 18:27

0.000Air Blank 18:27

OKDiagnostics Check 18:27

Data Download Date/Time: 07/16/2020 19:33

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:24:4605/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:47

Monroe County SO

MORENO,JORGE

12/11/2021

1060911

Monroe County SO

ELMORE,BENJAMIN,R

LOWKE

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.080Control Test 00:21

0.000Air Blank 00:22

# 1Subject Sample 00:23 Subject Test Refused

0.000Breath Volume 00:23

0.000Air Blank 00:23

0.080Control Test 00:24

0.000Air Blank 00:24

OKDiagnostics Check 00:24

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:55:0605/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:08

Monroe County SO

MOMPOINT,DESLILES

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

HINDENACH

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.080Control Test 02:51

0.000Air Blank 02:52

# 1Subject Sample 02:53 Subject Test Refused

0.089Breath Volume 02:53

0.000Air Blank 02:54

0.080Control Test 02:54

0.000Air Blank 02:55

OKDiagnostics Check 02:55

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:40:5705/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:08

Monroe County SO

MOMPOINT,DESLILES

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

HINDENACH

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.080Control Test 03:33

0.000Air Blank 03:33

# 1 0.136Subject Sample 03:36 Volume Not Met

0.140Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:40 Subject Test Refused

0.000Breath Volume 03:40

0.000Air Blank 03:40

0.030Control Test 03:40 RFI Detect

Air Blank 03:40 RFI Detect

Data Download Date/Time: 06/08/2020 11:21

17 August 2020

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:2705/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:53

02:08

Monroe County SO

MOMPOINT,DESLILES

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

HINDENACH

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:14

0.080Control Test 04:14

0.000Air Blank 04:14

# 1 0.095Subject Sample 04:18 Volume Not Met

0.300Breath Volume 04:18

0.000Air Blank 04:18

0.000Air Blank 04:20

# 2 0.118Subject Sample 04:23 Volume Not Met

0.199Breath Volume 04:23

0.000Air Blank 04:24

0.078Control Test 04:24

Air Blank 04:24 RFI Detect

0.000Air Blank 04:25

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:39:0405/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:16

23:13

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

ANGERMANN

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:36

0.000Air Blank 00:36

0.080Control Test 00:36

0.000Air Blank 00:37

# 1Subject Sample 00:37 Subject Test Refused

0.000Breath Volume 00:37

0.000Air Blank 00:38

0.080Control Test 00:38

0.000Air Blank 00:38

OKDiagnostics Check 00:39

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:55:5305/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:28

19:18

Monroe County SO

FAISON,MEGAN

12/11/2021

1060911

Monroe County SO

QUINTERO,LISSETTE,

JOSEPH

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:49

0.080Control Test 19:49

0.000Air Blank 19:50

# 1 0.211Subject Sample 19:50

2.468Breath Volume 19:50

0.000Air Blank 19:51

0.000Air Blank 19:53

# 2 0.196Subject Sample 19:54

2.417Breath Volume 19:54

0.000Air Blank 19:54

0.079Control Test 19:55

0.000Air Blank 19:55

OKDiagnostics Check 19:55

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:27:3405/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:51

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

HRADECKY,CORBIN,J

ERQUIAGA ABREU

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:21

0.080Control Test 03:21

0.000Air Blank 03:22

# 1 0.175Subject Sample 03:22

2.136Breath Volume 03:22

0.000Air Blank 03:23

0.000Air Blank 03:25

# 2 0.178Subject Sample 03:25

2.695Breath Volume 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

OKDiagnostics Check 03:27

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:3205/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:21

Monroe County SO

HRADECKY,CORBIN

12/11/2021

1060911

Monroe County SO

HRADECKY,CORBIN,J

IRVIN

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:55

0.079Control Test 00:55

0.000Air Blank 00:55

# 1Subject Sample 00:56 Subject Test Refused

0.000Breath Volume 00:56

0.000Air Blank 00:56

0.079Control Test 00:56

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007170CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:35:0505/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:10

18:00

Monroe County SO

MORENO,JORGE

12/11/2021

1060911

Monroe County SO

ELMORE',BENJAMIN,R

WHITAKER

05/05/2020

8100.27

MONROE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.079Control Test 18:31

0.000Air Blank 18:32

# 1Subject Sample 18:33 Subject Test Refused

0.000Breath Volume 18:33

0.000Air Blank 18:34

0.079Control Test 18:34

0.000Air Blank 18:35

OKDiagnostics Check 18:35

Data Download Date/Time: 06/08/2020 11:21

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:18:2805/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:40

FHP Troop B

WORFEL,KYLE

12/13/2022

1249794

FHP Troop B

WORFEL,KYLE,A

GUTIERREZ

05/26/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.081Control Test 04:10

0.000Air Blank 04:11

# 1 0.115Subject Sample 04:13

1.796Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:15

# 2 0.120Subject Sample 04:16

1.636Breath Volume 04:16

0.000Air Blank 04:17

0.079Control Test 04:17

0.000Air Blank 04:18

OKDiagnostics Check 04:18

Data Download Date/Time: 06/24/2020 10:17

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007171CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:19:0005/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:52

22:45

Marion County SO

RAFFERTY,CHRISTOPHER

12/13/2022

1249794

Marion County SO

RAFFERTY,CHRISTOPHER,J

BOOTH

05/26/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 00:12

0.000Air Blank 00:12

0.081Control Test 00:13

0.000Air Blank 00:13

# 1 0.139Subject Sample 00:14

1.226Breath Volume 00:14

0.000Air Blank 00:14

0.000Air Blank 00:16

# 2 0.150Subject Sample 00:17

2.183Breath Volume 00:17

0.000Air Blank 00:18

0.081Control Test 00:18

0.000Air Blank 00:18

OKDiagnostics Check 00:19

Data Download Date/Time: 06/24/2020 10:17

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:28:5005/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:39

14:48

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

ROGERS

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:17

0.081Control Test 19:18

0.000Air Blank 19:18

# 1Subject Sample 19:21 No Sample Provided

0.000Breath Volume 19:21

0.000Air Blank 19:22

0.000Air Blank 19:24

# 2Subject Sample 19:27 No Sample Provided

0.000Breath Volume 19:27

0.000Air Blank 19:27

0.081Control Test 19:28

0.000Air Blank 19:28

OKDiagnostics Check 19:28

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:5505/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:58

01:13

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

VINSON

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

# 1 0.259Subject Sample 01:26

2.398Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:28

# 2 0.255Subject Sample 01:30

2.675Breath Volume 01:30

0.000Air Blank 01:30

0.077Control Test 01:31

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:38:1305/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:48

10:01

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

WALTERS

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:32

0.000Air Blank 10:32

0.080Control Test 10:32

0.000Air Blank 10:33

# 1 0.000Subject Sample 10:33

2.164Breath Volume 10:33

0.000Air Blank 10:34

0.000Air Blank 10:36

# 2 0.000Subject Sample 10:36

1.730Breath Volume 10:36

0.000Air Blank 10:37

0.079Control Test 10:37

0.000Air Blank 10:38

OKDiagnostics Check 10:38

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:2405/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:39

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

CANNON

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 19:50 Internal Printer Test

0.000Air Blank 19:51

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:53:5705/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:39

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

CANNON

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

FailDiagnostics Check 19:53 Internal Printer Test

0.000Air Blank 19:53

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:39:4505/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

17:24

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

MOORE

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:35

0.000Air Blank 17:35

0.082Control Test 17:36

0.000Air Blank 17:36

# 1 0.245Subject Sample 17:37

3.207Breath Volume 17:37

Air Blank 17:38 RFI Detect

0.000Air Blank 17:38

0.081Control Test 17:39

0.000Air Blank 17:39

OKDiagnostics Check 17:39

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:45:3005/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:10

17:24

Marion County SO

PETERSON,KIP

12/13/2022

1249794

Marion County SO

PETERSON,KIP,J

MOORE

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:42

0.081Control Test 17:42

0.000Air Blank 17:43

# 1 0.239Subject Sample 17:43

2.167Breath Volume 17:43

Air Blank 17:43 RFI Detect

0.000Air Blank 17:44

0.081Control Test 17:44

0.000Air Blank 17:45

OKDiagnostics Check 17:45

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007172CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:4605/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

21:00

Marion County SO

PULFORD,G

12/13/2022

1249794

Marion County SO

PULFORD,G,

SANDERS

04/24/2020

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:36

0.000Air Blank 21:36

0.081Control Test 21:36

0.000Air Blank 21:37

# 1 0.157Subject Sample 21:38

1.867Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.164Subject Sample 21:41

1.648Breath Volume 21:41

0.000Air Blank 21:42

0.078Control Test 21:42

0.000Air Blank 21:43

FailDiagnostics Check 21:43 Internal Printer Test

0.000Air Blank 21:43

Data Download Date/Time: 05/26/2020 21:37

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:57:3705/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:30

19:17

Pensacola PD

MARTINEZ,HENDRICK

01/05/2022

30219080A3

Pensacola PD

MARTINEZ,HENDRICK,J

BUCKI

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:51

0.000Air Blank 19:51

0.079Control Test 19:51

0.000Air Blank 19:52

# 1 0.000Subject Sample 19:52

2.976Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2 0.000Subject Sample 19:56

3.347Breath Volume 19:56

0.000Air Blank 19:56

0.079Control Test 19:57

0.000Air Blank 19:57

OKDiagnostics Check 19:57

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:0305/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:26

Pensacola PD

TENA,MICHAEL

01/05/2022

30219080A3

Pensacola PD

FRASER,MICHAEL,C

NEUMAN

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:51

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:52

# 1 0.248Subject Sample 22:53

1.457Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:55

# 2 0.256Subject Sample 22:56

2.476Breath Volume 22:56

0.000Air Blank 22:57

0.076Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:58

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:4805/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:47

Pensacola PD

HARMON,MICHAEL

01/05/2022

30219080A3

Pensacola PD

HARMON,MICHAEL,A

OFFENBURGER

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:32

0.000Air Blank 03:32

0.079Control Test 03:33

0.000Air Blank 03:33

# 1 0.148Subject Sample 03:36 Volume Not Met

0.578Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2Subject Sample 03:42 No Sample Provided

0.000Breath Volume 03:42

0.000Air Blank 03:42

0.078Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:12:0105/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:34

02:47

Pensacola PD

HARMON,MICHAEL

01/05/2022

30219080A3

Pensacola PD

HARMON,MICHAEL,A

OFFENBURGER

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:57

0.000Air Blank 03:58

0.078Control Test 03:58

0.000Air Blank 03:59

# 1 0.155Subject Sample 04:02 Volume Not Met

0.167Breath Volume 04:02

0.000Air Blank 04:02

0.000Air Blank 04:04

# 2 0.159Subject Sample 04:07

2.179Breath Volume 04:07

0.000Air Blank 04:07

0.000Air Blank 04:09

# 3 0.157Subject Sample 04:10

1.734Breath Volume 04:10

0.000Air Blank 04:11

0.077Control Test 04:11

0.000Air Blank 04:11

OKDiagnostics Check 04:12

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:44:3605/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:17

23:11

Pensacola PD

MCMAHON,KENNETH

01/05/2022

30219080A3

Pensacola PD

MCMAHON,KENNETH,J

DAY

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 23:37

0.000Air Blank 23:38

0.078Control Test 23:38

0.000Air Blank 23:39

# 1 0.087Subject Sample 23:39

1.214Breath Volume 23:39

0.000Air Blank 23:40

0.000Air Blank 23:41

# 2 0.088Subject Sample 23:43

1.707Breath Volume 23:43

0.000Air Blank 23:43

0.078Control Test 23:44

0.000Air Blank 23:44

OKDiagnostics Check 23:44

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:49:1505/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:20

10:00

Pensacola PD

ABED,ABYGAIL

01/05/2022

30219080A3

Pensacola PD

ABDELHADI,AUSTIN,M

BRADT

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:42

0.000Air Blank 10:43

0.079Control Test 10:43

0.000Air Blank 10:44

# 1 0.000Subject Sample 10:44

3.933Breath Volume 10:44

0.000Air Blank 10:45

0.000Air Blank 10:47

# 2 0.000Subject Sample 10:47

4.035Breath Volume 10:47

0.000Air Blank 10:48

0.078Control Test 10:48

0.000Air Blank 10:49

OKDiagnostics Check 10:49

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:06:3505/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:39

Pensacola PD

LEACH,ZACHARY

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

HOLT

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:05

Air Blank 21:06 RFI Detect

0.000Air Blank 21:06

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:14:4405/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:39

Pensacola PD

LEACH,ZACHARY

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

HOLT

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:08

0.000Air Blank 21:09

0.079Control Test 21:09

0.000Air Blank 21:09

# 1 0.183Subject Sample 21:10

2.328Breath Volume 21:10

0.000Air Blank 21:11

0.000Air Blank 21:12

# 2 0.177Subject Sample 21:13

2.750Breath Volume 21:13

0.000Air Blank 21:13

0.077Control Test 21:14

Air Blank 21:14 RFI Detect

0.000Air Blank 21:14

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:35:2705/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:07

Pensacola PD

GLASS,DREW

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

MAYALL

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:28

0.000Air Blank 20:29

0.078Control Test 20:29

0.000Air Blank 20:29

# 1 0.081Subject Sample 20:31

1.433Breath Volume 20:31

0.000Air Blank 20:32

0.000Air Blank 20:33

# 2Subject Sample 20:34 RFI Detect

0.000Breath Volume 20:34

0.000Air Blank 20:34

0.077Control Test 20:34

0.000Air Blank 20:35

OKDiagnostics Check 20:35

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:39:4505/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:07

Pensacola PD

GLASS,DREW

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

MAYALL

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:38

0.000Air Blank 20:38

0.078Control Test 20:39

Air Blank 20:39 RFI Detect

0.000Air Blank 20:39

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:47:3705/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:07

20:07

Pensacola PD

GLASS,DREW

01/05/2022

30219080A3

Pensacola PD

LEACH,ZACHARY,M

MAYALL

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:41

0.000Air Blank 20:41

0.078Control Test 20:42

0.000Air Blank 20:42

# 1 0.084Subject Sample 20:43

1.566Breath Volume 20:43

0.000Air Blank 20:43

0.000Air Blank 20:45

# 2 0.081Subject Sample 20:46

1.960Breath Volume 20:46

0.000Air Blank 20:46

0.077Control Test 20:47 RFI Detect

0.000Air Blank 20:47

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:46:4205/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:19

18:02

Pensacola PD

WILLIAMS,BRANDON

01/05/2022

30219080A3

Pensacola PD

WILLIAMS,BRANDON,W

RIVETT

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:40

0.000Air Blank 18:40

0.080Control Test 18:40

0.000Air Blank 18:41

# 1 0.228Subject Sample 18:42

2.429Breath Volume 18:42

0.000Air Blank 18:42

0.000Air Blank 18:44

# 2 0.222Subject Sample 18:45

2.160Breath Volume 18:45

0.000Air Blank 18:45

0.078Control Test 18:46

0.000Air Blank 18:46

OKDiagnostics Check 18:46

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:5405/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

03:05

Pensacola PD

BUZBEE,HEATHER

01/05/2022

30219080A3

Pensacola PD

BUZBEE,HEATHER,N

KELLARD

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1 0.166Subject Sample 03:35

2.875Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.176Subject Sample 03:38

2.656Breath Volume 03:38

0.000Air Blank 03:39

0.079Control Test 03:39

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:1205/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:53

00:39

Pensacola PD

MARTINEZ,HENDRICK

01/05/2022

30219080A3

Pensacola PD

MARTINEZ,HENDRICK,J

SEBASTIAN

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.078Control Test 01:14

0.000Air Blank 01:15

# 1Subject Sample 01:18 No Sample Provided

0.000Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2Subject Sample 01:23 No Sample Provided

0.000Breath Volume 01:23

0.000Air Blank 01:24

0.078Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:5605/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:19

Pensacola PD

MARTINEZ,HENDRICK

01/05/2022

30219080A3

Pensacola PD

MARTINEZ,HENDRICK,J

WALLACE

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.079Control Test 00:01

0.000Air Blank 00:01

# 1 0.149Subject Sample 00:02

1.867Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:04

# 2 0.147Subject Sample 00:05

1.171Breath Volume 00:05

0.000Air Blank 00:06

0.078Control Test 00:06

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:4705/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:44

00:16

Pensacola PD

HUDSON,JOSHUA

01/05/2022

30219080A3

Pensacola PD

HUDSON,JOSHUA,K

SIBLEY

04/19/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:08

0.000Air Blank 01:09

0.079Control Test 01:09

0.000Air Blank 01:10

# 1 0.251Subject Sample 01:10

2.125Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.229Subject Sample 01:14

1.398Breath Volume 01:14

0.000Air Blank 01:14

0.000Air Blank 01:16

# 3 0.250Subject Sample 01:17

2.320Breath Volume 01:17

0.000Air Blank 01:17

0.078Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 05/27/2020 20:48

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007362CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:03:0005/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:29

03:24

Pensacola PD

ROPER,WILLIAM

03/27/2022

1114319

Pensacola PD

MORALES,KARISSA,C

PORTER

05/27/2020

8100.27

PENSACOLA PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:57

0.079Control Test 03:57

0.000Air Blank 03:58

# 1 0.158Subject Sample 03:58

1.140Breath Volume 03:58

0.000Air Blank 03:59

0.000Air Blank 04:01

# 2 0.162Subject Sample 04:01

1.214Breath Volume 04:01

0.000Air Blank 04:02

0.078Control Test 04:02

0.000Air Blank 04:02

OKDiagnostics Check 04:03

Data Download Date/Time: 06/29/2020 18:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:4705/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:37

St. Augustine PD

FORREST,ROBERT

02/23/2020

1233

St. John's County SO

BROWN,JOHNATHAN,R

ACOSTA

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

# 1 0.023Subject Sample 01:15

3.027Breath Volume 01:15

0.000Air Blank 01:16

0.000Air Blank 01:17

# 2 0.021Subject Sample 01:18

2.925Breath Volume 01:18

0.000Air Blank 01:18

0.078Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 05/28/2020 08:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3605/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:30

St. Augustine PD

CORREA,JONATHAN

02/23/2020

1233

St. Augustine PD

CORREA,JONATHAN,E

BROUSSARD

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:13

0.000Air Blank 23:13

0.080Control Test 23:14

0.000Air Blank 23:14

# 1 0.221Subject Sample 23:16

1.671Breath Volume 23:16

0.000Air Blank 23:17

0.000Air Blank 23:19

# 2 0.236Subject Sample 23:20

1.546Breath Volume 23:20

0.000Air Blank 23:21

0.076Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 05/28/2020 08:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:28:0605/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:47

03:49

St. Augustine PD

BROWN,JOHNATHAN

02/23/2020

1233

St. Augustine PD

BROWN,JOHNATHAN,R

ROCKWELL

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.079Control Test 04:21

0.000Air Blank 04:22

# 1 0.246Subject Sample 04:23

3.367Breath Volume 04:23

0.000Air Blank 04:24

0.000Air Blank 04:26

# 2 0.246Subject Sample 04:26

3.152Breath Volume 04:26

0.000Air Blank 04:27

0.078Control Test 04:27

0.000Air Blank 04:28

OKDiagnostics Check 04:28

Data Download Date/Time: 05/28/2020 08:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:1405/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:20

St. Augustine PD

TIPTON,T

02/23/2020

1233

St. John's County SO

CANNING,S,D

BUSH

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:05

0.079Control Test 02:06

0.000Air Blank 02:06

# 1 0.037Subject Sample 02:09 Volume Not Met

0.097Breath Volume 02:09

0.000Air Blank 02:10

0.000Air Blank 02:12

# 2 0.036Subject Sample 02:12

1.234Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:15

# 3 0.036Subject Sample 02:18 Volume Not Met

1.292Breath Volume 02:18

0.000Air Blank 02:19

0.077Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 05/28/2020 08:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2005/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:50

22:40

St. Augustine PD

CANNING,SEAN

02/23/2020

1233

St. Augustine PD

CANNING,SEAN,D

MCBRIDE

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:49

0.079Control Test 23:49

0.000Air Blank 23:50

# 1 0.270Subject Sample 23:51

3.148Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.265Subject Sample 23:54

3.273Breath Volume 23:54

0.000Air Blank 23:55

0.076Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 05/28/2020 08:30

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:2005/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:30

St. John's County SO

GREEN,J

02/23/2020

1233

St. John's County SO

GREEN,J,A

SHULL

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:27

0.000Air Blank 03:27

0.079Control Test 03:28

0.000Air Blank 03:28

# 1 0.160Subject Sample 03:29

2.117Breath Volume 03:29

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.157Subject Sample 03:32

1.910Breath Volume 03:32

0.000Air Blank 03:33

0.078Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:13:3405/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:46

22:07

St. John's County SO

GREEN,J

02/23/2020

1233

St. John's County SO

GREEN,J,A

BROCK

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:07

0.000Air Blank 23:07

0.079Control Test 23:07

0.000Air Blank 23:08

# 1 0.176Subject Sample 23:09

2.886Breath Volume 23:09

0.000Air Blank 23:09

0.000Air Blank 23:11

# 2 0.170Subject Sample 23:12

2.296Breath Volume 23:12

0.000Air Blank 23:12

0.078Control Test 23:12

0.000Air Blank 23:13

OKDiagnostics Check 23:13

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:54:2405/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:10

22:39

St. John's County SO

GREEN,J

02/23/2020

1233

St. John's County SO

GREEN,J,A

FORD

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:41

0.000Air Blank 23:42

0.079Control Test 23:42

0.000Air Blank 23:43

# 1 0.161Subject Sample 23:46 Volume Not Met

0.652Breath Volume 23:46

0.000Air Blank 23:47

0.000Air Blank 23:48

# 2 0.186Subject Sample 23:49

1.660Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:52

# 3 0.189Subject Sample 23:52

1.253Breath Volume 23:52

0.000Air Blank 23:53

0.075Control Test 23:53

0.000Air Blank 23:54

OKDiagnostics Check 23:54

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:1505/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:21

01:59

St. John's County SO

GREEN,J

02/23/2020

1233

St. John's County SO

GREEN,J,A

BEHNAM

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:46

0.000Air Blank 03:46

0.078Control Test 03:47

0.000Air Blank 03:47

# 1 0.123Subject Sample 03:48

1.605Breath Volume 03:48

0.000Air Blank 03:48

0.000Air Blank 03:50

# 2 0.126Subject Sample 03:52

2.250Breath Volume 03:52

0.000Air Blank 03:53

0.077Control Test 03:53

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:4805/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:06

01:45

St. John's County SO

GREEN,J

02/23/2020

1233

St. John's County SO

GREEN,J,A

HALEY

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:27

0.000Air Blank 02:27

0.079Control Test 02:27

0.000Air Blank 02:28

# 1 0.143Subject Sample 02:29

2.164Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.137Subject Sample 02:32

1.929Breath Volume 02:32

0.000Air Blank 02:32

0.078Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:0005/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:42

07:15

St. John's County SO

GREEN,J

12/11/2021

1233

St. John's County SO

GREEN,J,A

MINARD

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:05

0.000Air Blank 20:05

0.078Control Test 20:05

0.000Air Blank 20:06

# 1Subject Sample 20:06 Subject Test Refused

0.000Breath Volume 20:06

0.000Air Blank 20:07

0.078Control Test 20:07

0.000Air Blank 20:07

OKDiagnostics Check 20:08

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:43:1905/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:57

07:00

St. John's County SO

BIBBY,M

12/11/2021

1233

St. John's County SO

THOMPSON,MASON,E

VICK

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:31

0.000Air Blank 08:32

0.078Control Test 08:32

0.000Air Blank 08:33

# 1Subject Sample 08:36 No Sample Provided

0.000Breath Volume 08:36

0.000Air Blank 08:36

0.000Air Blank 08:38

# 2Subject Sample 08:41 No Sample Provided

0.000Breath Volume 08:41

0.000Air Blank 08:42

0.079Control Test 08:42

0.000Air Blank 08:43

OKDiagnostics Check 08:43

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:1605/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:58

St. John's County SO

GREEN,J

12/11/2021

1233

St. John's County SO

GREEN,J,A

WOEHRMEYER

05/27/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.078Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:51 Subject Test Refused

0.000Breath Volume 02:51

0.000Air Blank 02:52

0.079Control Test 02:52

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 05/28/2020 08:31

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:2105/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

18:57

St. John's County SO

TAYLOR,BRAY

12/11/2021

1060911

St. John's County SO

HENNESSEY,BRANDON,L

BATES

05/27/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.079Control Test 20:12

0.000Air Blank 20:12

# 1 0.250Subject Sample 20:14

2.000Breath Volume 20:14

0.000Air Blank 20:15

0.000Air Blank 20:17

# 2 0.250Subject Sample 20:17

2.039Breath Volume 20:17

0.000Air Blank 20:18

0.075Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 06/24/2020 09:28

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007363CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:2805/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

23:37

St. Augustine PD

MOBLEY,C

02/23/2020

1233

St. John's County SO

CANNING,S,D

CHIARAMONTE

05/27/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:36

0.000Air Blank 00:37

0.078Control Test 00:37

0.000Air Blank 00:38

# 1 0.166Subject Sample 00:38

1.957Breath Volume 00:38

0.000Air Blank 00:39

0.000Air Blank 00:41

# 2 0.177Subject Sample 00:42

1.613Breath Volume 00:42

0.000Air Blank 00:43

0.077Control Test 00:43

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 06/24/2020 09:28

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:1205/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

21:07

FHP Troop A

LEWIS,TIMOTHY

01/05/2022

30219080A3

FHP Troop A

LEWIS,TIMOTHY,B

JONES

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:57

2.640Breath Volume 22:57

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:00

2.617Breath Volume 23:00

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 05/17/2020 10:40

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:59:4705/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:25

19:02

Walton County SO

WELLS,WILLIAM

01/05/2022

30219080A3

Walton County SO

SCHULTZ,JEREMY,J

CEDLLIO

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:48

0.000Air Blank 19:48

0.077Control Test 19:49

0.000Air Blank 19:49

# 1Subject Sample 19:52 No Sample Provided

0.000Breath Volume 19:52

0.000Air Blank 19:53

0.000Air Blank 19:55

# 2Subject Sample 19:58 No Sample Provided

0.000Breath Volume 19:58

0.000Air Blank 19:58

0.077Control Test 19:59

0.000Air Blank 19:59

OKDiagnostics Check 19:59

Data Download Date/Time: 05/17/2020 10:40

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:48:1305/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:10

19:36

Walton County SO

LAMBERT,JUSTIN

01/05/2022

30219080A3

Walton County SO

SCHULTZ,JEREMY,J

ANDERSON

04/22/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:36

0.000Air Blank 20:37

0.078Control Test 20:37

0.000Air Blank 20:37

# 1 0.149Subject Sample 20:41 Volume Not Met

0.019Breath Volume 20:41

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.211Subject Sample 20:46 Volume Not Met

0.078Breath Volume 20:46

0.000Air Blank 20:47

0.076Control Test 20:47

0.000Air Blank 20:48

OKDiagnostics Check 20:48

Data Download Date/Time: 05/17/2020 10:40

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:02:3805/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:45

Walton County SO

FUGATE,MITCHELL

01/05/2022

30219080A3

Walton County SO

FUGATE,MITCHELL,W

SANDERS

05/17/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.077Control Test 00:52

0.000Air Blank 00:52

# 1 0.000Subject Sample 00:55 Volume Not Met

0.136Breath Volume 00:55

0.000Air Blank 00:56

0.000Air Blank 00:58

# 2 0.000Subject Sample 01:01 Volume Not Met

0.984Breath Volume 01:01

0.000Air Blank 01:01

0.074Control Test 01:02 Control Outside Tolerance

0.000Air Blank 01:02

Data Download Date/Time: 06/12/2020 21:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:52:5105/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:20

20:07

Walton County SO

DENNING,LUKE

01/05/2022

30219080A3

Walton County SO

DENNING,LUKE,

MONTGOMERY

05/17/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:45

0.000Air Blank 23:46

0.076Control Test 23:46

0.000Air Blank 23:46

# 1 0.126Subject Sample 23:48

1.304Breath Volume 23:48

0.000Air Blank 23:49

0.000Air Blank 23:50

# 2 0.120Subject Sample 23:51

1.410Breath Volume 23:51

0.000Air Blank 23:51

0.070Control Test 23:52 Control Outside Tolerance

0.000Air Blank 23:52

Data Download Date/Time: 06/12/2020 21:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:5005/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

19:23

Walton County SO

FLY,WILLIAM

01/05/2022

30219080A3

Walton County SO

CAREY,ANDREW,S

ORSBORN

05/17/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.076Control Test 21:16

0.000Air Blank 21:16

# 1 0.195Subject Sample 21:17

1.828Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.192Subject Sample 21:20

2.226Breath Volume 21:20

0.000Air Blank 21:20

0.075Control Test 21:21

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 06/12/2020 21:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:25:3005/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

23:06

Walton County SO

VASQUEZ,GEORGE

01/05/2022

30219080A3

Okaloosa County SO

BENNETT,DAVID,J

WINSTEAD

05/17/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:18

0.000Air Blank 01:19

0.076Control Test 01:19

0.000Air Blank 01:20

# 1 0.139Subject Sample 01:20

3.468Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.142Subject Sample 01:23

3.808Breath Volume 01:23

0.000Air Blank 01:24

0.075Control Test 01:24

0.000Air Blank 01:25

OKDiagnostics Check 01:25

Data Download Date/Time: 06/12/2020 21:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007364CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:30:3905/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

23:58

Walton County SO

MAY,WILLIAM

01/05/2022

30219080A3

Walton County SO

ROSE,ALEXIS,M

STRICKLAND

05/17/2020

8100.27

WALTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:22

0.000Air Blank 01:23

0.076Control Test 01:23

0.000Air Blank 01:23

# 1 0.115Subject Sample 01:26

1.234Breath Volume 01:26

0.000Air Blank 01:26

0.000Air Blank 01:28

# 2 0.127Subject Sample 01:29

1.332Breath Volume 01:29

0.000Air Blank 01:29

0.076Control Test 01:30

0.000Air Blank 01:30

OKDiagnostics Check 01:30

Data Download Date/Time: 06/12/2020 21:01

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:56:1505/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

12:16

FHP Troop G

DA SILVA,ANDRE

12/11/2021

1060911

FHP Troop G

DA SILVA,ANDRE,F

RIFE

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:53

0.079Control Test 02:54

0.000Air Blank 02:54

# 1Subject Sample 02:54 Subject Test Refused

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.078Control Test 02:55

0.000Air Blank 02:56

OKDiagnostics Check 02:56

Data Download Date/Time: 05/28/2020 08:24

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.



80-007366CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:42:0505/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:15

05:00

FHP Troop G

FONTENOT,DOMINIC

12/11/2021

1060911

FHP Troop G

FONTENOT,DOMINIC,M

MCLEAN

04/28/2020

8100.27

ST JOHNS SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 06:35

0.000Air Blank 06:36

0.078Control Test 06:36

0.000Air Blank 06:37

# 1 0.099Subject Sample 06:37

3.320Breath Volume 06:37

0.000Air Blank 06:38

0.000Air Blank 06:39

# 2 0.090Subject Sample 06:40

1.640Breath Volume 06:40

0.000Air Blank 06:41

0.078Control Test 06:41

0.000Air Blank 06:42

OKDiagnostics Check 06:42

Data Download Date/Time: 05/28/2020 08:25

17 August 2020Printed:

COBRA ©1997-2014 CMI, Inc.


