
80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:40:4309/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:14

00:02

Coral Gables PD

RECIO,JASON

02/05/2021

32518080AI

Coral Gables PD

SMITH,RYAN,M

BOLANOS SIMMONS

08/25/2020

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:34

0.000Air Blank 00:34

0.081Control Test 00:35

0.000Air Blank 00:35

# 1 0.200Subject Sample 00:36

4.386Breath Volume 00:36

0.000Air Blank 00:36

0.000Air Blank 00:38

# 2 0.193Subject Sample 00:39

4.023Breath Volume 00:39

0.000Air Blank 00:39

0.081Control Test 00:40

0.000Air Blank 00:40

OKDiagnostics Check 00:40

Data Download Date/Time: 09/28/2020 06:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:4909/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:28

Coral Gables PD

HENSON,ALEX

02/05/2021

32518080AI

Coral Gables PD

STEELE,ANDREW,

ESPINOSA

08/25/2020

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:19

0.000Air Blank 21:19

0.081Control Test 21:20

Air Blank 21:20 RFI Detect

0.000Air Blank 21:20

Data Download Date/Time: 09/28/2020 06:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000871CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:2709/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:21

20:28

Coral Gables PD

HENSON,ALEX

02/05/2021

32518080AI

Coral Gables PD

STEELE,ANDREW,

ESPINOSA

08/25/2020

8100.27

CORAL GABLES PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:42

0.000Air Blank 21:42

0.080Control Test 21:43

0.000Air Blank 21:43

# 1 0.229Subject Sample 21:45

1.968Breath Volume 21:45

0.000Air Blank 21:46

0.000Air Blank 21:48

# 2Subject Sample 21:50 Subject Test Refused

0.015Breath Volume 21:50

0.000Air Blank 21:51

0.079Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 09/28/2020 06:20

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000875CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:12:3409/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

PROB/PAROL

07:45

07:40

Calhoun County SO

SCHEETZ,JOHN

09/20/2022

1206004

Calhoun County SO

SCHEETZ,JOHN,W

FERRELL

09/04/2020

8100.27

CALHOUN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:06

0.000Air Blank 08:06

0.081Control Test 08:06

0.000Air Blank 08:07

# 1 0.000Subject Sample 08:08

1.687Breath Volume 08:08

0.000Air Blank 08:08

0.000Air Blank 08:10

# 2 0.000Subject Sample 08:11

2.398Breath Volume 08:11

0.000Air Blank 08:11

0.080Control Test 08:11

0.000Air Blank 08:12

OKDiagnostics Check 08:12

Data Download Date/Time: 10/07/2020 07:58

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:32:3109/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:14

MIAMI BEACH PD

CHUNGA,ERVIN

08/28/2022

1190213

MIAMI BEACH PD

POMARES,MAKIN,

BLANCO BETANCES

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:24

0.000Air Blank 17:25

0.081Control Test 17:25

0.000Air Blank 17:25

# 1 0.000Subject Sample 17:28

1.945Breath Volume 17:28

0.000Air Blank 17:28

0.000Air Blank 17:30

# 2 0.000Subject Sample 17:31

1.902Breath Volume 17:31

0.000Air Blank 17:31

0.080Control Test 17:31

0.000Air Blank 17:32

OKDiagnostics Check 17:32

Data Download Date/Time: 10/29/2020 13:39

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:4309/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

03:27

MIAMI BEACH PD

MELENDEZ,DANIEL

08/28/2022

1190213

MIAMI BEACH PD

CREWS,CURTIS,L

CACERES MARIMON

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:06

0.000Air Blank 04:06

0.079Control Test 04:07

0.000Air Blank 04:07

# 1 0.096Subject Sample 04:09

1.945Breath Volume 04:09

0.000Air Blank 04:10

0.000Air Blank 04:12

# 2 0.100Subject Sample 04:15 Volume Not Met

0.195Breath Volume 04:15

0.000Air Blank 04:16

0.000Air Blank 04:17

# 3 0.093Subject Sample 04:19

1.250Breath Volume 04:19

0.000Air Blank 04:19

0.078Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 10/29/2020 13:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:42:4709/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:15

07:21

MIAMI BEACH PD

ALVAREZ,BELINDA

08/28/2022

1190213

AVENTURA PD

SOCARRAS,PEDRO,A

VALIENTE

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 08:35

0.000Air Blank 08:36

0.079Control Test 08:36

0.000Air Blank 08:37

# 1 0.184Subject Sample 08:38

1.496Breath Volume 08:38

0.000Air Blank 08:39

0.000Air Blank 08:40

# 2 0.190Subject Sample 08:41

1.605Breath Volume 08:41

0.000Air Blank 08:41

0.080Control Test 08:42

0.000Air Blank 08:42

OKDiagnostics Check 08:42

Data Download Date/Time: 10/29/2020 13:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:3409/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:30

20:25

MIAMI BEACH PD

LOPEZ,OTTO

08/28/2022

1190213

MIAMI BEACH PD

BROWN-
ROSQUETE,STEPHANNE,J

CASSIANO UBAIZ

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:17

0.000Air Blank 21:18

0.081Control Test 21:18

0.000Air Blank 21:19

# 1Subject Sample 21:19 Subject Test Refused

0.000Breath Volume 21:19

0.000Air Blank 21:19

0.081Control Test 21:19

0.000Air Blank 21:20

OKDiagnostics Check 21:20

Data Download Date/Time: 10/29/2020 13:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:58:0409/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:31

23:24

MIAMI BEACH PD

MELENDEZ,DANIEL

08/28/2022

1190213

MIAMI BEACH PD

MELENDEZ,DANIEL,

PERRY

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:52

0.000Air Blank 23:52

0.079Control Test 23:52

0.000Air Blank 23:53

# 1 0.000Subject Sample 23:53

3.281Breath Volume 23:53

0.000Air Blank 23:54

0.000Air Blank 23:56

# 2 0.000Subject Sample 23:56

2.316Breath Volume 23:56

0.000Air Blank 23:57

0.080Control Test 23:57

0.000Air Blank 23:57

OKDiagnostics Check 23:58

Data Download Date/Time: 10/29/2020 13:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000879CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4409/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:01

23:56

MIAMI BEACH PD

PAIGE,LEON

08/28/2022

1190213

MIAMI BEACH PD

PAIGE,LEON,I

HIGGS

09/02/2020

8100.27

MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

# 1 0.161Subject Sample 00:23

1.261Breath Volume 00:23

0.000Air Blank 00:23

0.000Air Blank 00:25

# 2 0.157Subject Sample 00:26

1.421Breath Volume 00:26

0.000Air Blank 00:26

0.080Control Test 00:27

0.000Air Blank 00:27

OKDiagnostics Check 00:27

Data Download Date/Time: 10/29/2020 13:40

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000880CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:03:4009/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:35

16:01

Miami-Dade PD

SAINTILIEN,BOB

05/05/2021

06419080A2

Miami-Dade PD

SAINTILIEN,BOB,

GREENE

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:57

0.000Air Blank 16:57

0.077Control Test 16:57

0.000Air Blank 16:58

# 1 0.346Subject Sample 16:58

2.437Breath Volume 16:58

0.000Air Blank 16:59

0.000Air Blank 17:01

# 2 0.356Subject Sample 17:02

2.039Breath Volume 17:02

0.000Air Blank 17:02

0.076Control Test 17:03

0.000Air Blank 17:03

OKDiagnostics Check 17:03

Data Download Date/Time: 10/28/2020 02:08

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000882CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:13:3709/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:25

20:46

OTHER LOCAL

MENAOCHOA,ADRIAN

05/05/2021

06419080A2

MIAMI-DADE PD

HODGES,TITUS,R

BLANDON

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:01

0.000Air Blank 08:01

0.080Control Test 08:02

0.000Air Blank 08:02

# 1 0.318Subject Sample 08:03

1.222Breath Volume 08:03

0.000Air Blank 08:04

0.000Air Blank 08:05

# 2Subject Sample 08:09 No Sample Provided

0.000Breath Volume 08:09

0.000Air Blank 08:09

0.000Air Blank 08:11

# 3 0.307Subject Sample 08:12

2.109Breath Volume 08:12

0.000Air Blank 08:12

0.080Control Test 08:13

0.000Air Blank 08:13

OKDiagnostics Check 08:13

Data Download Date/Time: 10/28/2020 12:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:5909/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:45

Miami-Dade PD

ROMERO,JANET

09/05/2018

20016080A2

Miami-Dade PD

ROMERO,JANET,

GARCIA-CASTILLO

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.080Control Test 01:20

0.000Air Blank 01:20

# 1 0.102Subject Sample 01:21

1.691Breath Volume 01:21

0.000Air Blank 01:22

0.000Air Blank 01:23

# 2 0.099Subject Sample 01:26

1.996Breath Volume 01:26

0.000Air Blank 01:27

0.077Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 10/28/2020 12:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000883CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:05:0109/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:39

23:20

Miami-Dade PD

KEARNY,ANGELA

09/05/2018

20016080A2

Miami-Dade PD

ROMERO,JANET,

HOWARD

09/02/2020

8100.27

MIAMI-DADE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:02

0.080Control Test 00:02

0.000Air Blank 00:03

# 1Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:05

Data Download Date/Time: 10/28/2020 12:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:4609/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:54

00:57

North Miami Beach PD

RODRIGUEZ,ALEXEIS

02/05/2021

32518080AI

North Miami Beach PD

DOSTALY,STEVENS,

REID

08/31/2020

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.077Control Test 02:16

0.000Air Blank 02:16

# 1 0.227Subject Sample 02:17

3.562Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.230Subject Sample 02:20

3.335Breath Volume 02:20

0.000Air Blank 02:20

0.077Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 09/26/2020 15:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0209/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

03:39

North Miami Beach PD

VILLANUEVA,MAURICIO

02/05/2021

32518080AI

North Miami Beach PD

VILLANUEVA,MAURICIO,

ALVAREZMARTINEZ

08/31/2020

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:11

# 1 0.240Subject Sample 04:11

1.664Breath Volume 04:11

0.000Air Blank 04:12

0.000Air Blank 04:13

# 2 0.242Subject Sample 04:14

1.664Breath Volume 04:14

0.000Air Blank 04:15

0.078Control Test 04:15

0.000Air Blank 04:15

OKDiagnostics Check 04:16

Data Download Date/Time: 09/26/2020 15:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:33:5409/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:07

02:04

North Miami Beach PD

GONZALEZ,A

02/05/2021

32518080AI

North Miami Beach PD

MAYA,J,

DIAZ FRANCO

08/31/2020

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:27

0.000Air Blank 02:28

0.077Control Test 02:28

0.000Air Blank 02:28

# 1 0.184Subject Sample 02:29

1.710Breath Volume 02:29

0.000Air Blank 02:30

0.000Air Blank 02:31

# 2 0.184Subject Sample 02:32

1.359Breath Volume 02:32

0.000Air Blank 02:32

0.075Control Test 02:33

0.000Air Blank 02:33

OKDiagnostics Check 02:33

Data Download Date/Time: 09/26/2020 15:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:57:4009/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:09

16:09

North Miami Beach PD

OSTROV,VANESSA

02/05/2021

32518080AI

North Miami Beach PD

OSTROV,VANESSA,

TIE

08/31/2020

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:54

0.000Air Blank 16:55

0.078Control Test 16:55

0.000Air Blank 16:55

# 1Subject Sample 16:56 Subject Test Refused

0.000Breath Volume 16:56

0.000Air Blank 16:56

0.078Control Test 16:57

0.000Air Blank 16:57

OKDiagnostics Check 16:57

Data Download Date/Time: 09/26/2020 15:43

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000886CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:0709/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:32

01:28

North Miami Beach PD

MENDEZ,M

02/05/2021

32518080AI

North Miami Beach PD

MAYA,J,

CARCAMO

08/31/2020

8100.27

NORTH MIAMI BEACH PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:52

0.000Air Blank 01:53

0.078Control Test 01:53

0.000Air Blank 01:54

# 1 0.226Subject Sample 01:54

1.414Breath Volume 01:54

0.000Air Blank 01:55

0.000Air Blank 01:57

# 2 0.202Subject Sample 01:58

1.128Breath Volume 01:58

0.000Air Blank 01:59

0.000Air Blank 02:01

# 3 0.208Subject Sample 02:02

1.164Breath Volume 02:02

0.000Air Blank 02:03

0.075Control Test 02:03

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 09/26/2020 15:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:18:1909/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:45

16:47

Okaloosa County SO

DONOVAN,CHARLES

12/11/2021

1060911

Okaloosa County SO

DONOVAN,CHARLES,L

KALINKIN

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:13

0.000Air Blank 17:13

0.080Control Test 17:14

0.000Air Blank 17:14

# 1Subject Sample 17:16 Subject Test Refused

0.000Breath Volume 17:16

0.000Air Blank 17:17

0.079Control Test 17:17

0.000Air Blank 17:18

OKDiagnostics Check 17:18

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:46:1209/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:17

16:17

Okaloosa County SO

DONOVAN,CHARLES

12/11/2021

1060911

Okaloosa County SO

DONOVAN,CHARLES,L

SCHULZ

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:43

0.000Air Blank 16:43

0.080Control Test 16:44

0.000Air Blank 16:44

# 1Subject Sample 16:44 Subject Test Refused

0.000Breath Volume 16:44

0.000Air Blank 16:45

0.080Control Test 16:45

0.000Air Blank 16:46

OKDiagnostics Check 16:46

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:11:5309/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

16:24

16:24

Okaloosa County SO

DOWNING,CADEN

12/11/2021

1060911

Okaloosa County SO

DOWNING,CADEN,T

STAPLES

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:05

0.000Air Blank 17:05

0.080Control Test 17:05

0.000Air Blank 17:06

# 1 0.026Subject Sample 17:07

3.375Breath Volume 17:07

0.000Air Blank 17:07

0.000Air Blank 17:09

# 2 0.021Subject Sample 17:10

1.132Breath Volume 17:10

0.000Air Blank 17:10

0.080Control Test 17:11

0.000Air Blank 17:11

OKDiagnostics Check 17:11

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:24:0209/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:49

17:49

Okaloosa County SO

LECOCQ,MATTHEW

12/11/2021

1060911

Okaloosa County SO

CORBITT,KYLE,L

JACKSON

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:21

0.000Air Blank 18:21

0.079Control Test 18:21

0.000Air Blank 18:22

# 1Subject Sample 18:22 Subject Test Refused

0.000Breath Volume 18:22

0.000Air Blank 18:23

0.080Control Test 18:23

0.000Air Blank 18:23

OKDiagnostics Check 18:24

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:48:5509/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

13:11

13:11

Okaloosa County SO

DOWNING,CADEN

12/11/2021

1060911

Okaloosa County SO

DOWNING,CADEN,T

SANCHEZ

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:33

0.000Air Blank 13:33

0.080Control Test 13:33

0.000Air Blank 13:34

# 1 0.220Subject Sample 13:35

1.847Breath Volume 13:35

0.000Air Blank 13:36

0.000Air Blank 13:38

# 2 0.228Subject Sample 13:41 Volume Not Met

0.078Breath Volume 13:41

0.000Air Blank 13:42

0.000Air Blank 13:44

# 3 0.210Subject Sample 13:47 Volume Not Met

0.375Breath Volume 13:47

0.000Air Blank 13:47

0.075Control Test 13:48

0.000Air Blank 13:48

OKDiagnostics Check 13:48

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:06:5209/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

13:11

13:11

Okaloosa County SO

DOWNING,CADEN

12/11/2021

1060911

Okaloosa County SO

DOWNING,CADEN,T

SANCHEZ

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:59

0.000Air Blank 13:59

0.077Control Test 14:00

0.000Air Blank 14:00

# 1 0.217Subject Sample 14:02

1.429Breath Volume 14:02

0.000Air Blank 14:03

0.000Air Blank 14:04

# 2 0.205Subject Sample 14:05

1.761Breath Volume 14:05

0.000Air Blank 14:05

0.076Control Test 14:06

0.000Air Blank 14:06

OKDiagnostics Check 14:06

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:23:0609/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

13:59

13:59

Okaloosa County SO

LECOCQ,MATTHEW

12/11/2021

1060911

Okaloosa County SO

CORBITT,KYLE,L

CAZENAVE

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:20

0.000Air Blank 14:20

0.078Control Test 14:21

0.000Air Blank 14:21

# 1Subject Sample 14:21 Subject Test Refused

0.000Breath Volume 14:21

0.000Air Blank 14:22

0.079Control Test 14:22

0.000Air Blank 14:23

OKDiagnostics Check 14:23

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:50:2609/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:23

15:23

Okaloosa County SO

DONOVAN,MICHAEL

12/11/2021

1060911

Okaloosa County SO

DONOVAN,CHARLES,L

ECHOLS

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:43

0.000Air Blank 15:44

0.080Control Test 15:44

0.000Air Blank 15:45

# 1 0.090Subject Sample 15:45

2.820Breath Volume 15:45

0.000Air Blank 15:46

0.000Air Blank 15:48

# 2 0.087Subject Sample 15:48

2.734Breath Volume 15:48

0.000Air Blank 15:49

0.079Control Test 15:49

0.000Air Blank 15:50

OKDiagnostics Check 15:50

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:25:3209/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:02

18:02

Okaloosa County SO

LECOCQ,MATTHEW

12/11/2021

1060911

Okaloosa County SO

LECOCQ,MATTHEW,E

NGUYEN

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:22

0.000Air Blank 18:23

0.080Control Test 18:23

0.000Air Blank 18:23

# 1Subject Sample 18:24 Subject Test Refused

0.000Breath Volume 18:24

0.000Air Blank 18:24

0.080Control Test 18:24

0.000Air Blank 18:25

OKDiagnostics Check 18:25

Data Download Date/Time: 09/25/2020 10:30

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:0609/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:23

18:23

Okaloosa County SO

DOWNING,CADEN

12/11/2021

1060911

Okaloosa County SO

DONOVAN,CHARLES,L

KACKLEY

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:48

0.078Control Test 18:48

0.000Air Blank 18:49

# 1Subject Sample 18:49 Subject Test Refused

0.000Breath Volume 18:49

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:15:3409/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:49

20:03

Okaloosa County SO

LECOCQ,MATTHEW

12/11/2021

1060911

Okaloosa County SO

LECOCQ,MATTHEW,E

LANCASTER

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:09

0.000Air Blank 20:10

0.080Control Test 20:10

0.000Air Blank 20:10

# 1 0.000Subject Sample 20:11

2.394Breath Volume 20:11

0.000Air Blank 20:11

0.000Air Blank 20:13

# 2 0.000Subject Sample 20:14

2.253Breath Volume 20:14

0.000Air Blank 20:14

0.080Control Test 20:14

0.000Air Blank 20:15

OKDiagnostics Check 20:15

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:18:5609/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:53

20:43

FFWCC (Panama City)

HAHR,DANIEL

12/11/2021

1060911

FFWCC (Panama City)

HAHR,DANIEL,E

FERNANDEZ

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:13

0.000Air Blank 21:14

0.079Control Test 21:14

0.000Air Blank 21:15

# 1Subject Sample 21:17 Subject Test Refused

0.000Breath Volume 21:17

0.000Air Blank 21:18

0.078Control Test 21:18

0.000Air Blank 21:18

OKDiagnostics Check 21:18

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:02:1609/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

14:35

14:35

Okaloosa County SO

CORBITT,KYLE

12/11/2021

1060911

Okaloosa County SO

CORBITT,KYLE,L

RUSHING

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 14:59

0.000Air Blank 14:59

0.081Control Test 15:00

0.000Air Blank 15:00

# 1Subject Sample 15:00 Subject Test Refused

0.000Breath Volume 15:00

0.000Air Blank 15:01

0.080Control Test 15:01

0.000Air Blank 15:02

OKDiagnostics Check 15:02

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:41:3309/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:03

17:03

Okaloosa County SO

CORBITT,KYLE

12/11/2021

1060911

Okaloosa County SO

CORBITT,KYLE,L

DEHOYOS

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:38

0.000Air Blank 17:39

0.079Control Test 17:39

0.000Air Blank 17:40

# 1Subject Sample 17:40 Subject Test Refused

0.000Breath Volume 17:40

0.000Air Blank 17:40

0.080Control Test 17:40

0.000Air Blank 17:41

OKDiagnostics Check 17:41

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:0409/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:26

18:26

Okaloosa County SO

LECOCQ,MATTHEW

12/11/2021

1060911

Okaloosa County SO

LECOCQ,MATTHEW,E

DEAVER

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:48

0.000Air Blank 18:48

0.079Control Test 18:49

0.000Air Blank 18:49

# 1Subject Sample 18:49 Subject Test Refused

0.000Breath Volume 18:49

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:50

OKDiagnostics Check 18:51

Data Download Date/Time: 09/25/2020 10:31

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000891CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:43:1709/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

15:09

15:09

Okaloosa County SO

WILLIAMS,DANIEL

09/20/2022

1206004

Okaloosa County SO

CORBITT,KYLE,L

LAMM

09/22/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:40

0.000Air Blank 16:40

0.080Control Test 16:41

0.000Air Blank 16:41

# 1Subject Sample 16:41 Subject Test Refused

0.000Breath Volume 16:41

0.000Air Blank 16:42

0.079Control Test 16:42

0.000Air Blank 16:43

OKDiagnostics Check 16:43

Data Download Date/Time: 10/28/2020 15:02

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:16:4509/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:35

17:35

FFWCC (Panama City)

BASFORD,TRAVIS

12/21/2021

1060911

FFWCC (Panama City)

BASFORD,TRAVIS,L

PIERCE

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:12

0.000Air Blank 18:13

0.080Control Test 18:13

0.000Air Blank 18:14

# 1Subject Sample 18:15 Subject Test Refused

0.000Breath Volume 18:15

0.000Air Blank 18:15

0.081Control Test 18:16

0.000Air Blank 18:16

OKDiagnostics Check 18:16

Data Download Date/Time: 09/25/2020 10:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:18:0809/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

23:42

23:42

FFWCC (Panama City)

BASFORD,NICOLE

12/21/2021

1060911

FFWCC (Panama City)

BASFORD,NICOLE,M

HALL

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:15

0.079Control Test 00:16

0.000Air Blank 00:16

# 1Subject Sample 00:16 Subject Test Refused

0.000Breath Volume 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:18

OKDiagnostics Check 00:18

Data Download Date/Time: 09/25/2020 10:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:3309/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:35

16:35

FFWCC (Panama City)

BASFORD,NICOLE

12/21/2021

1060911

FFWCC (Panama City)

BASFORD,NICOLE,M

LUPTON

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:30

0.080Control Test 18:31

0.000Air Blank 18:31

# 1Subject Sample 18:32 Subject Test Refused

0.000Breath Volume 18:32

0.000Air Blank 18:32

0.081Control Test 18:32

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 09/25/2020 10:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:39:4209/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

17:50

17:52

FFWCC (Panama City)

BASFORD,TRAVIS

12/21/2021

1060911

FFWCC (Panama City)

BASFORD,TRAVIS,L

PEREZ GONZALEZ

08/28/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:30

0.000Air Blank 18:31

0.081Control Test 18:31

0.000Air Blank 18:31

# 1 0.132Subject Sample 18:34

1.679Breath Volume 18:34

0.000Air Blank 18:35

0.000Air Blank 18:36

# 2 0.129Subject Sample 18:38

2.425Breath Volume 18:38

0.000Air Blank 18:38

0.078Control Test 18:39

0.000Air Blank 18:39

OKDiagnostics Check 18:39

Data Download Date/Time: 09/25/2020 10:16

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:27:4009/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:04

22:00

Panama City Beach PD

MELCHER,ANDREW

12/21/2021

1060911

Panama City Beach PD

WEBER,JEFFREY,J

GRAHAM

09/22/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:25

0.000Air Blank 00:25

0.081Control Test 00:25

0.000Air Blank 00:26

# 1Subject Sample 00:26 Subject Test Refused

0.000Breath Volume 00:26

0.000Air Blank 00:26

0.079Control Test 00:27 RFI Detect

0.000Air Blank 00:27

Data Download Date/Time: 10/28/2020 14:53

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000892CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:4009/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:02

22:00

Panama City Beach PD

MELCHER,ANDREW

12/21/2021

1060911

Panama City Beach PD

WEBER,JEFFREY,J

GRAHAM

09/22/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:29

0.000Air Blank 00:30

0.081Control Test 00:30

0.000Air Blank 00:31

# 1Subject Sample 00:31 Subject Test Refused

0.000Breath Volume 00:31

0.000Air Blank 00:31

0.080Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 10/28/2020 14:53

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000905CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:40:1009/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

20:15

20:11

FFWCC (Ocala)

RICE,MICHAEL

10/07/2021

AG928002

FFWCC (Ocala)

RICE,MICHAEL,

PEREZ GERENA

08/04/2020

8100.27

FWC

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:36

0.000Air Blank 20:36

0.079Control Test 20:37

0.000Air Blank 20:37

# 1Subject Sample 20:38 Subject Test Refused

0.000Breath Volume 20:38

0.000Air Blank 20:39

0.079Control Test 20:39

0.000Air Blank 20:40

OKDiagnostics Check 20:40

Data Download Date/Time: 10/01/2020 11:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:57:3809/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

SYS CHECK

20:10

19:00

Manatee County SO

VANOVER,ANDREW

11/15/2020

867139

Manatee County SO

VANOVER,ANDREW,P

TEST

08/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:51

0.000Air Blank 20:52

0.078Control Test 20:52

0.000Air Blank 20:53

# 1 0.000Subject Sample 20:53

2.882Breath Volume 20:53

0.000Air Blank 20:53

0.000Air Blank 20:55

# 2 0.000Subject Sample 20:56

2.734Breath Volume 20:56

0.000Air Blank 20:56

0.079Control Test 20:57

0.000Air Blank 20:57

OKDiagnostics Check 20:57

Data Download Date/Time: 09/21/2020 07:59

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:23:2409/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:54

Manatee County SO

VANOVER,ANDREW

11/15/2020

867139

Manatee County SO

VANOVER,ANDREW,P

COLDIRON

08/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:15

0.000Air Blank 22:15

0.078Control Test 22:15

0.000Air Blank 22:16

# 1 0.178Subject Sample 22:19

2.468Breath Volume 22:19

0.000Air Blank 22:19

0.000Air Blank 22:21

# 2 0.185Subject Sample 22:21

1.148Breath Volume 22:21

0.000Air Blank 22:22

0.077Control Test 22:22

0.000Air Blank 22:23

OKDiagnostics Check 22:23

Data Download Date/Time: 09/21/2020 07:59

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:30:5709/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

22:02

Manatee County SO

VANOVER,ANDREW

11/15/2020

867139

Manatee County SO

VANOVER,ANDREW,P

BENDER

08/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:22

0.000Air Blank 22:22

0.079Control Test 22:23

0.000Air Blank 22:23

# 1 0.212Subject Sample 22:24

1.316Breath Volume 22:24

0.000Air Blank 22:24

0.000Air Blank 22:26

# 2 0.214Subject Sample 22:29

2.292Breath Volume 22:29

0.000Air Blank 22:30

0.080Control Test 22:30

0.000Air Blank 22:30

OKDiagnostics Check 22:30

Data Download Date/Time: 09/21/2020 07:59

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:3809/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:35

17:35

Manatee County SO

VANOVER,ANDREW

11/15/2020

867139

Manatee County SO

VANOVER,ANDREW,P

SANTIAGO

08/17/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:55

0.078Control Test 17:56

0.000Air Blank 17:56

# 1 0.047Subject Sample 17:57

1.636Breath Volume 17:57

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.052Subject Sample 18:00

1.636Breath Volume 18:00

0.000Air Blank 18:00

0.078Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 09/21/2020 07:59

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000907CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:17:3109/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:51

21:51

Manatee County SO

VANOVER,ANDREW

11/15/2020

867139

Manatee County SO

VANOVER,ANDREW,P

PEREZ-MATIAS

09/21/2020

8100.27

MANATEE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:11

0.078Control Test 22:12

0.000Air Blank 22:12

# 1 0.070Subject Sample 22:13

1.511Breath Volume 22:13

0.000Air Blank 22:13

0.000Air Blank 22:15

# 2 0.070Subject Sample 22:16

1.660Breath Volume 22:16

0.000Air Blank 22:16

0.076Control Test 22:16

0.000Air Blank 22:17

OKDiagnostics Check 22:17

Data Download Date/Time: 10/20/2020 07:19

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3209/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:54

03:29

Lee County SO

PINEDA,C

04/05/2021

03519080A5

FL Gulf Coast UPD

ROMAN,A,C

ESPINOSA

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:20

0.000Air Blank 05:20

0.079Control Test 05:21

0.000Air Blank 05:21

# 1 0.109Subject Sample 05:22

2.207Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.106Subject Sample 05:25

1.871Breath Volume 05:25

0.000Air Blank 05:25

0.080Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:00:4709/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:33

19:59

Lee County SO

SEMIKLOSE,CHARLES

04/05/2021

03519080A5

Lee County SO

TISDALE,KATIE,E

CASTRO

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:53

0.000Air Blank 20:54

0.079Control Test 20:54

0.000Air Blank 20:55

# 1 0.322Subject Sample 20:55

1.460Breath Volume 20:55

0.000Air Blank 20:56

0.000Air Blank 20:58

# 2 0.326Subject Sample 20:59

2.054Breath Volume 20:59

0.000Air Blank 20:59

0.078Control Test 21:00

0.000Air Blank 21:00

OKDiagnostics Check 21:00

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:34:5009/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

22:19

FHP Troop F

LEMEN,LOGAN

04/05/2021

03519080A5

FHP Troop F

LEMEN,LOGAN,C

SCHERER

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:27

0.000Air Blank 23:27

0.079Control Test 23:27

0.000Air Blank 23:28

# 1 0.171Subject Sample 23:30

2.300Breath Volume 23:30

0.000Air Blank 23:30

0.000Air Blank 23:32

# 2 0.175Subject Sample 23:33

2.121Breath Volume 23:33

0.000Air Blank 23:33

0.078Control Test 23:34

0.000Air Blank 23:34

OKDiagnostics Check 23:34

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:4509/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:38

Lee County SO

LINK,CHRIS

04/05/2021

03519080A5

Lee County SO

LINK,CHRIS,D

ALBANESE

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.080Control Test 03:36

0.000Air Blank 03:36

# 1 0.199Subject Sample 03:37

1.300Breath Volume 03:37

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.202Subject Sample 03:40

1.328Breath Volume 03:40

0.000Air Blank 03:40

0.079Control Test 03:41

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:22:5509/11/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:37

19:59

Lee County SO

CAFFRONI 616,I

04/05/2021

03519080A5

Fort Myers PD

CANFIELD 18096,A,B

CARDONA

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:16

0.000Air Blank 21:17

0.080Control Test 21:17

0.000Air Blank 21:18

# 1 0.000Subject Sample 21:18

1.648Breath Volume 21:18

0.000Air Blank 21:19

0.000Air Blank 21:21

# 2 0.000Subject Sample 21:21

2.707Breath Volume 21:21

0.000Air Blank 21:22

0.080Control Test 21:22

0.000Air Blank 21:22

OKDiagnostics Check 21:22

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:45:0709/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:13

05:32

Cape Coral PD

MYERS,JUSTIN

04/05/2021

03519080A5

Cape Coral PD

MYERS,JUSTIN,L

KEMP

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:38

0.000Air Blank 06:39

0.079Control Test 06:39

0.000Air Blank 06:39

# 1 0.156Subject Sample 06:40

2.820Breath Volume 06:40

0.000Air Blank 06:41

0.000Air Blank 06:42

# 2 0.156Subject Sample 06:43

1.800Breath Volume 06:43

0.000Air Blank 06:44

0.078Control Test 06:44

0.000Air Blank 06:45

OKDiagnostics Check 06:45

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:39:0509/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:12

05:49

Lee County SO

BROWN,T

04/05/2021

03519080A5

Fort Myers PD

ROMAN,A,C

RODRIGUEZ

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:33

0.000Air Blank 06:33

0.080Control Test 06:33

0.000Air Blank 06:34

# 1 0.159Subject Sample 06:34

3.156Breath Volume 06:34

0.000Air Blank 06:35

0.000Air Blank 06:37

# 2 0.172Subject Sample 06:37

3.238Breath Volume 06:37

0.000Air Blank 06:38

0.079Control Test 06:38

0.000Air Blank 06:39

OKDiagnostics Check 06:39

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:5209/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:48

Cape Coral PD

CARROLL,JILLIAN

04/05/2021

03519080A5

Cape Coral PD

RODRIGUEZ,ALFONSO,

GARCIA

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:45

0.000Air Blank 22:46

0.079Control Test 22:46

0.000Air Blank 22:46

# 1 0.000Subject Sample 22:47

2.222Breath Volume 22:47

0.000Air Blank 22:47

0.000Air Blank 22:49

# 2 0.000Subject Sample 22:50

2.304Breath Volume 22:50

0.000Air Blank 22:50

0.079Control Test 22:51

0.000Air Blank 22:51

OKDiagnostics Check 22:51

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:12:0009/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:25

19:45

Lee County SO

WELLS 639,J

04/05/2021

03519080A5

Fort Myers PD

CANFIELD 18096,A,B

SANTIAGO NIEVES

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:05

0.000Air Blank 21:06

0.080Control Test 21:06

0.000Air Blank 21:06

# 1 0.000Subject Sample 21:07

2.156Breath Volume 21:07

0.000Air Blank 21:08

0.000Air Blank 21:10

# 2 0.000Subject Sample 21:10

3.523Breath Volume 21:10

0.000Air Blank 21:11

0.080Control Test 21:11

0.000Air Blank 21:11

OKDiagnostics Check 21:12

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:52:2309/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:14

19:50

Lee County SO

COLON & DORSEY,Y & T

04/05/2021

03519080A5

Lee County SO

CANFIELD 18096,A,B

GASPAR JUAN

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:46

0.000Air Blank 21:46

0.080Control Test 21:47

0.000Air Blank 21:47

# 1 0.169Subject Sample 21:47

2.835Breath Volume 21:47

0.000Air Blank 21:48

0.000Air Blank 21:50

# 2 0.177Subject Sample 21:50

3.164Breath Volume 21:50

0.000Air Blank 21:51

0.083Control Test 21:51

0.000Air Blank 21:52

OKDiagnostics Check 21:52

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:10:5109/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:41

20:29

Lee County SO

HERNANDEZ,WILLIAM

04/05/2021

03519080A5

Lee County SO

TISDALE,KATIE,E

MAETZOLD

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:04

0.000Air Blank 23:05

0.076Control Test 23:05

0.000Air Blank 23:06

# 1 0.139Subject Sample 23:06

2.910Breath Volume 23:06

0.000Air Blank 23:07

0.000Air Blank 23:08

# 2 0.143Subject Sample 23:09

2.847Breath Volume 23:09

0.000Air Blank 23:09

0.079Control Test 23:10

0.000Air Blank 23:10

OKDiagnostics Check 23:10

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:28:1309/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:00

19:25

FHP Troop F

LEMEN,LOGAN

04/05/2021

03519080A5

FHP Troop F

LEMEN,LOGAN,C

ISAIAS

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:21

0.000Air Blank 21:21

0.079Control Test 21:21

0.000Air Blank 21:22

# 1 0.312Subject Sample 21:23

3.085Breath Volume 21:23

0.000Air Blank 21:24

0.000Air Blank 21:26

# 2 0.306Subject Sample 21:26

2.589Breath Volume 21:26

0.000Air Blank 21:27

0.079Control Test 21:27

0.000Air Blank 21:28

OKDiagnostics Check 21:28

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:2509/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:42

Lee County SO

WINTON,ADAM

04/05/2021

03519080A5

Lee County SO

WINTON,ADAM,H

MANN

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.079Control Test 22:31

0.000Air Blank 22:32

# 1 0.123Subject Sample 22:32

1.617Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.128Subject Sample 22:35

1.238Breath Volume 22:35

0.000Air Blank 22:36

0.079Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000914CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:01:5409/22/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:30

17:01

Lee County SO

CAFFRONI 616,I

04/05/2021

03519080A5

Fort Myers PD

CANFIELD 18096,A,B

POINTER

08/12/2020

8100.27

FORT MYERS PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:55

0.000Air Blank 17:56

0.079Control Test 17:56

0.000Air Blank 17:56

# 1 0.156Subject Sample 17:57

2.597Breath Volume 17:57

0.000Air Blank 17:57

0.000Air Blank 17:59

# 2 0.147Subject Sample 18:00

2.593Breath Volume 18:00

0.000Air Blank 18:01

0.078Control Test 18:01

0.000Air Blank 18:01

OKDiagnostics Check 18:01

Data Download Date/Time: 09/28/2020 07:05

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000943CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:55:0609/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:25

22:23

Collier County SO

VECIANA,Y

02/05/2021

32518080A1

Collier County SO

BRICE,MARCUS,D

ALBANESE

08/03/2020

8100.27

COLLIER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:48

0.000Air Blank 00:49

0.081Control Test 00:49

0.000Air Blank 00:49

# 1 0.080Subject Sample 00:50

4.132Breath Volume 00:50

0.000Air Blank 00:51

0.000Air Blank 00:53

# 2 0.087Subject Sample 00:53

3.906Breath Volume 00:53

0.000Air Blank 00:54

0.081Control Test 00:54

0.000Air Blank 00:55

OKDiagnostics Check 00:55

Data Download Date/Time: 09/02/2020 16:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3409/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

00:57

Glades County SO

MYERS,REBACCA

07/05/2022

11

Clewiston PD

EPPS,QUINTELLA,

HERNANDEZ

08/26/2020

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:04

0.000Air Blank 02:05

0.077Control Test 02:05

0.000Air Blank 02:05

# 1Subject Sample 02:06 Subject Test Refused

0.000Breath Volume 02:06

0.000Air Blank 02:06

0.077Control Test 02:06

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 10/01/2020 01:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:06:2309/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

02:00

Glades County SO

WOODS,JOSHUA

07/05/2022

11

Glades County SO

BONILLA,JOSUE,D

HUMPHREY

08/26/2020

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:00

0.000Air Blank 12:01

0.077Control Test 12:01

0.000Air Blank 12:01

# 1 0.000Subject Sample 12:02

1.183Breath Volume 12:02

0.000Air Blank 12:02

0.000Air Blank 12:04

# 2 0.000Subject Sample 12:05

1.800Breath Volume 12:05

0.000Air Blank 12:05

0.076Control Test 12:05

0.000Air Blank 12:06

OKDiagnostics Check 12:06

Data Download Date/Time: 10/01/2020 01:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:22:2609/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

06:00

02:00

Glades County SO

WOODS,JOSHUA

07/05/2022

11

Glades County SO

BONILLA,JOSUE,D

LEWIS

08/26/2020

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:15

0.000Air Blank 12:16

0.076Control Test 12:16

0.000Air Blank 12:17

# 1 0.000Subject Sample 12:17

3.351Breath Volume 12:17

0.000Air Blank 12:17

0.000Air Blank 12:19

# 2 0.000Subject Sample 12:21

3.535Breath Volume 12:21

0.000Air Blank 12:21

0.076Control Test 12:21

0.000Air Blank 12:22

OKDiagnostics Check 12:22

Data Download Date/Time: 10/01/2020 01:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000948CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2409/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:09

02:14

FHP Troop F

ZIMMERLY,GREGORY

07/05/2022

14020080A1

FHP Troop F

ZIMMERLY,GREGORY,B

SALMERON

08/26/2020

8100.27

GLADES COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:29

0.000Air Blank 03:30

0.076Control Test 03:30

0.000Air Blank 03:31

# 1 0.230Subject Sample 03:32

2.929Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.241Subject Sample 03:35

1.890Breath Volume 03:35

0.000Air Blank 03:36

0.075Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/01/2020 01:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000949CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:39:1109/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

01:23

Tallahassee PD

KELLER,DAVID

02/05/2021

32518080A1

Tallahassee PD

KELLER,DAVID,A

RAMOS

08/10/2020

8100.27

TALLAHASSEE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:33

0.079Control Test 01:33

0.000Air Blank 01:34

# 1 0.244Subject Sample 01:34

2.054Breath Volume 01:34

0.000Air Blank 01:35

0.000Air Blank 01:37

# 2 0.235Subject Sample 01:37

1.109Breath Volume 01:37

0.000Air Blank 01:38

0.078Control Test 01:38

0.000Air Blank 01:39

OKDiagnostics Check 01:39

Data Download Date/Time: 09/29/2020 13:29

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:5609/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

22:15

Apalachicola PD

TURNER,JOHN

03/05/2021

00919080A2

Apalachicola PD

MAYFIELD,JESSE,K

MAYFIELD

08/19/2020

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:42

0.000Air Blank 22:42

0.079Control Test 22:42

0.000Air Blank 22:43

# 1 0.207Subject Sample 22:44

2.414Breath Volume 22:44

Air Blank 22:45 Purge Fail

0.000Air Blank 22:45

Data Download Date/Time: 09/15/2020 10:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000953CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:24:0509/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

19:40

18:44

Franklin County SO

HARTZOG,TRISTAN

03/05/2021

00919080A2

FFWCC (Panama City)

HEWITT,JARED,S

WELLS

09/15/2020

8100.27

FRANKLIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:17

0.000Air Blank 20:18

0.079Control Test 20:18

0.000Air Blank 20:19

# 1 0.134Subject Sample 20:19

4.121Breath Volume 20:19

0.000Air Blank 20:20

0.000Air Blank 20:22

# 2 0.134Subject Sample 20:22

4.121Breath Volume 20:22

0.000Air Blank 20:23

0.080Control Test 20:23

0.000Air Blank 20:24

OKDiagnostics Check 20:24

Data Download Date/Time: 10/22/2020 11:14

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000956CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:31:3609/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:05

14:15

FHP Troop H

RUSSELL,NATHANIEL

03/05/2021

00919080A2

FHP Troop H

LECKINGER,MICHAEL,E

NOFFA

08/18/2020

8100.27

JEFFERSON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:25

0.000Air Blank 15:26

0.080Control Test 15:26

0.000Air Blank 15:26

# 1 0.268Subject Sample 15:27

1.835Breath Volume 15:27

0.000Air Blank 15:27

0.000Air Blank 15:29

# 2 0.273Subject Sample 15:30

1.929Breath Volume 15:30

0.000Air Blank 15:30

0.079Control Test 15:31

0.000Air Blank 15:31

OKDiagnostics Check 15:31

Data Download Date/Time: 09/14/2020 10:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:20:3709/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

18:15

Leon County SO

WATSON,HEATHER

03/05/2021

00919080A2

Leon County SO

MATLOCK,LOGAN,R

SWICEGOOD

08/06/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.080Control Test 19:18

0.000Air Blank 19:18

# 1Subject Sample 19:19 Subject Test Refused

0.000Breath Volume 19:19

0.000Air Blank 19:19

0.079Control Test 19:20

0.000Air Blank 19:20

OKDiagnostics Check 19:20

Data Download Date/Time: 09/02/2020 10:28

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:0809/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:15

19:28

Tallahassee PD

NORTHWAY,GEORGIA

03/05/2021

00919080A2

Tallahassee PD

NORTHWAY,GEORGIA,K

SNOW

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:38

0.000Air Blank 20:39

0.081Control Test 20:39

0.000Air Blank 20:40

# 1 0.164Subject Sample 20:40

1.777Breath Volume 20:40

0.000Air Blank 20:41

0.000Air Blank 20:43

# 2 0.161Subject Sample 20:43

2.039Breath Volume 20:43

0.000Air Blank 20:44

0.081Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:09:2609/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:03

22:59

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2021

00919080A2

FHP Troop H

MOSCHETTO,ANTHONY,C

ARMSTRONG

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:02

0.000Air Blank 00:03

0.081Control Test 00:03

0.000Air Blank 00:04

# 1 0.108Subject Sample 00:04

3.960Breath Volume 00:04

0.000Air Blank 00:05

0.000Air Blank 00:07

# 2 0.106Subject Sample 00:07

4.261Breath Volume 00:07

0.000Air Blank 00:08

0.081Control Test 00:08

0.000Air Blank 00:09

OKDiagnostics Check 00:09

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:1209/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

20:40

Tallahassee PD

NORTHWAY,GEORGIA

03/05/2021

00919080A2

Tallahassee PD

NORTHWAY,GEORGIA,K

CLOUTIER

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.081Control Test 21:52

0.000Air Blank 21:52

# 1 0.246Subject Sample 21:53

2.316Breath Volume 21:53

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.231Subject Sample 21:56

2.304Breath Volume 21:56

0.000Air Blank 21:57

0.080Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:5709/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:51

10:49

FHP Troop H

VOLLERTSEN,CRAIG

03/05/2021

00919080A2

FHP Troop H

VOLLERTSEN,CRAIG,W

CONRAD

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:20

0.000Air Blank 03:20

0.081Control Test 03:20

0.000Air Blank 03:21

# 1Subject Sample 03:21 Subject Test Refused

0.000Breath Volume 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:2309/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:36

23:09

FL State University

POPPELL,CODY

03/05/2021

00919080A2

FL State University

LALLI,TAREN,A

MCCLELLAN

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.082Control Test 00:05

0.000Air Blank 00:05

# 1 0.056Subject Sample 00:06

4.093Breath Volume 00:06

0.000Air Blank 00:06

0.000Air Blank 00:08

# 2 0.052Subject Sample 00:08

4.121Breath Volume 00:08

0.000Air Blank 00:09

0.082Control Test 00:09

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:00:1609/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:57

FHP Troop H

VOLLERTSEN,CRAIG

03/05/2021

00919080A2

FHP Troop H

VOLLERTSEN,CRAIG,W

WONG

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:54

0.000Air Blank 03:54

0.082Control Test 03:55

0.000Air Blank 03:55

# 1 0.011Subject Sample 03:55

2.304Breath Volume 03:55

0.000Air Blank 03:56

0.000Air Blank 03:58

# 2 0.010Subject Sample 03:58

3.488Breath Volume 03:58

0.000Air Blank 03:59

0.083Control Test 03:59

0.000Air Blank 04:00

OKDiagnostics Check 04:00

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:18:0009/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:15

Leon County SO

MATLOCK,LOGAN

03/05/2021

00919080A2

Leon County SO

MATLOCK,LOGAN,R

ROGERS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:11

0.000Air Blank 22:12

0.081Control Test 22:12

0.000Air Blank 22:13

# 1 0.189Subject Sample 22:13

1.914Breath Volume 22:13

0.000Air Blank 22:14

0.000Air Blank 22:16

# 2 0.182Subject Sample 22:16

1.378Breath Volume 22:16

0.000Air Blank 22:17

0.081Control Test 22:17

0.000Air Blank 22:17

OKDiagnostics Check 22:18

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:42:0909/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:05

01:35

Tallahassee PD

GONZALEZ,A.

03/05/2021

00919080A2

Tallahassee PD

GONZALEZ,A.,

ROLLE

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:34

0.000Air Blank 02:35

0.082Control Test 02:35

0.000Air Blank 02:36

# 1 0.088Subject Sample 02:36

1.878Breath Volume 02:36

0.000Air Blank 02:37

0.000Air Blank 02:39

# 2 0.089Subject Sample 02:40

2.148Breath Volume 02:40

0.000Air Blank 02:41

0.083Control Test 02:41

0.000Air Blank 02:42

OKDiagnostics Check 02:42

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:0709/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

FHP Troop H

REAGLE,ASHLEY

03/05/2021

00919080A2

FHP Troop H

REAGLE,ASHLEY,R

CREWS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:28

0.080Control Test 22:28

Air Blank 22:28 Improper Sample

Air Blank 22:29 Improper Sample

Data Download Date/Time: 10/06/2020 11:17

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:34:0109/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

FHP Troop H

REAGLE,ASHLEY

03/05/2021

00919080A2

FHP Troop H

REAGLE,ASHLEY,R

CREWS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:33

Air Blank 22:33 Improper Sample

Air Blank 22:34 Improper Sample

Data Download Date/Time: 10/06/2020 11:17

07 January 2021

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:41:0309/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

FHP Troop H

REAGLE,ASHLEY

03/05/2021

00919080A2

FHP Troop H

REAGLE,ASHLEY,R

CREWS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

Air Blank 22:40 Ambient Fail

0.000Air Blank 22:41

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:2209/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

FHP Troop H

REAGLE,ASHLEY

03/05/2021

00919080A2

FHP Troop H

REAGLE,ASHLEY,R

CREWS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1Subject Sample 22:45 RFI Detect

2.511Breath Volume 22:45

0.000Air Blank 22:46

0.081Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:2009/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:30

FHP Troop H

REAGLE,ASHLEY

03/05/2021

00919080A2

FHP Troop H

REAGLE,ASHLEY,R

CREWS

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:52

0.000Air Blank 22:52

0.079Control Test 22:52

0.000Air Blank 22:53

# 1 0.204Subject Sample 22:53

2.292Breath Volume 22:53

0.000Air Blank 22:54

0.000Air Blank 22:56

# 2 0.222Subject Sample 22:56

3.839Breath Volume 22:56

0.000Air Blank 22:57

0.081Control Test 22:57

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 10/06/2020 11:17

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:3909/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

23:02

FHP Troop H

VOLLERTSEN,CRAIG

03/05/2021

00919080A2

FHP Troop H

VOLLERTSEN,CRAIG,W

FETROW

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.080Control Test 23:54

0.000Air Blank 23:54

# 1 0.182Subject Sample 23:56

2.652Breath Volume 23:56

0.000Air Blank 23:56

0.000Air Blank 23:58

# 2 0.177Subject Sample 23:59

2.550Breath Volume 23:59

0.000Air Blank 23:59

0.081Control Test 00:00

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/06/2020 11:18

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:55:0609/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

02:10

Tallahassee PD

SHEATS,C

03/05/2021

00919080A2

Tallahassee PD

BRAXTON,D,L

HAMILTON

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:48

0.000Air Blank 03:49

0.081Control Test 03:49

0.000Air Blank 03:49

# 1 0.195Subject Sample 03:50

3.273Breath Volume 03:50

0.000Air Blank 03:51

0.000Air Blank 03:52

# 2 0.203Subject Sample 03:53

3.304Breath Volume 03:53

0.000Air Blank 03:54

0.080Control Test 03:54

0.000Air Blank 03:55

OKDiagnostics Check 03:55

Data Download Date/Time: 10/06/2020 11:18

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000957CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:08:1709/24/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:37

Leon County SO

MATLOCK,LOGAN

03/05/2021

00919080A2

Leon County SO

MATLOCK,LOGAN,R

SAPP

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:58

0.000Air Blank 21:59

0.081Control Test 21:59

0.000Air Blank 21:59

# 1 0.327Subject Sample 22:00

3.496Breath Volume 22:00

0.000Air Blank 22:01

0.000Air Blank 22:02

# 2 0.302Subject Sample 22:03

3.621Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:06

# 3 0.317Subject Sample 22:06

3.570Breath Volume 22:06

0.000Air Blank 22:07

0.081Control Test 22:07

0.000Air Blank 22:08

OKDiagnostics Check 22:08

Data Download Date/Time: 10/06/2020 11:18

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:1809/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

17:51

Tallahassee PD

NORTHWAY,GEORGIA

03/05/2021

00919080A2

Tallahassee PD

NORTHWAY,GEORGIA,K

PALONE-DRYER

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:27

0.000Air Blank 19:28

0.080Control Test 19:28

0.000Air Blank 19:29

# 1 0.000Subject Sample 19:29

1.238Breath Volume 19:29

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.000Subject Sample 19:32

1.210Breath Volume 19:32

0.000Air Blank 19:33

0.080Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 10/07/2020 09:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5809/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

10:49

FHP Troop H

VOLLERTSEN,CRAIG

03/05/2021

00919080A2

FHP Troop H

VOLLERTSEN,CRAIG,W

CONRAD

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:25

0.000Air Blank 03:26

0.080Control Test 03:26

0.000Air Blank 03:27

# 1 0.215Subject Sample 03:27

4.027Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 2 0.217Subject Sample 03:30

3.917Breath Volume 03:30

0.000Air Blank 03:31

0.079Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 10/07/2020 09:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:21:5309/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:53

20:57

Leon County SO

FORD,TREVON

03/05/2021

00919080A2

Leon County SO

MATLOCK,LOGAN,R

BEAM

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.079Control Test 22:16

0.000Air Blank 22:16

# 1 0.201Subject Sample 22:17

1.949Breath Volume 22:17

0.000Air Blank 22:18

0.000Air Blank 22:19

# 2 0.198Subject Sample 22:20

1.531Breath Volume 22:20

0.000Air Blank 22:20

0.079Control Test 22:21

0.000Air Blank 22:21

OKDiagnostics Check 22:21

Data Download Date/Time: 10/07/2020 09:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:29:2009/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:13

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2021

00919080A2

FHP Troop H

MOSCHETTO,ANTHONY,C

SAINT VIL

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:20

0.000Air Blank 01:21

0.081Control Test 01:21

0.000Air Blank 01:22

# 1Subject Sample 01:25 No Sample Provided

0.000Breath Volume 01:25

0.000Air Blank 01:25

0.000Air Blank 01:27

# 2Subject Sample 01:27 Subject Test Refused

0.000Breath Volume 01:27

0.000Air Blank 01:28

0.080Control Test 01:28

0.000Air Blank 01:29

OKDiagnostics Check 01:29

Data Download Date/Time: 10/07/2020 09:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000958CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:26:3009/30/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

04:19

Tallahassee PD

STEELE,R

03/05/2021

00919080A2

Tallahassee PD

STEELE,R,L

FORD

09/02/2020

8100.27

LEON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.080Control Test 05:20

0.000Air Blank 05:20

# 1 0.090Subject Sample 05:22

1.730Breath Volume 05:22

0.000Air Blank 05:22

0.000Air Blank 05:24

# 2 0.089Subject Sample 05:25

2.566Breath Volume 05:25

0.000Air Blank 05:25

0.079Control Test 05:25

0.000Air Blank 05:26

OKDiagnostics Check 05:26

Data Download Date/Time: 10/07/2020 09:15

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:34:2309/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:02

19:31

FHP Troop H

CARR,JARED

03/05/2021

00919080A2

FFWCC (Panama City)

FRANKLIN,JOSEPH,B

BROWER

08/21/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:26

# 1Subject Sample 21:29 No Sample Provided

0.000Breath Volume 21:29

0.000Air Blank 21:30

0.000Air Blank 21:32

# 2Subject Sample 21:33 Subject Test Refused

0.000Breath Volume 21:33

0.000Air Blank 21:33

0.080Control Test 21:33

0.000Air Blank 21:34

OKDiagnostics Check 21:34

Data Download Date/Time: 09/19/2020 08:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:51:2709/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:22

22:37

FHP Troop H

FRANKLIN,JOSEPH

03/05/2021

00919080A2

FHP Troop H

FRANKLIN,JOSEPH,B

PADALIA

08/21/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:42

0.000Air Blank 23:43

0.080Control Test 23:43

0.000Air Blank 23:44

# 1Subject Sample 23:47 No Sample Provided

0.000Breath Volume 23:47

0.000Air Blank 23:47

0.000Air Blank 23:49

# 2Subject Sample 23:50 Subject Test Refused

0.000Breath Volume 23:50

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

OKDiagnostics Check 23:51

Data Download Date/Time: 09/19/2020 08:06

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:54:3409/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

BUI

18:25

17:49

FHP Troop H

OLSON,SCOTT

03/05/2021

00919080A2

FFWCC (Panama City)

SPANGLER,GARY,A

TAYLOR

08/21/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:46

0.000Air Blank 18:46

0.080Control Test 18:46

0.000Air Blank 18:47

# 1Subject Sample 18:50 No Sample Provided

0.000Breath Volume 18:50

0.000Air Blank 18:50

0.000Air Blank 18:52

# 2Subject Sample 18:53 Subject Test Refused

0.000Breath Volume 18:53

0.000Air Blank 18:53

0.080Control Test 18:53

0.000Air Blank 18:54

OKDiagnostics Check 18:54

Data Download Date/Time: 09/19/2020 08:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:32:4109/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:08

14:10

FHP Troop H

ELLIOTT,RICHARD

03/05/2021

00919080A2

FHP Troop H

SPANGLER,GARY,A

COLE

08/21/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:29

0.000Air Blank 15:30

0.080Control Test 15:30

0.000Air Blank 15:31

# 1Subject Sample 15:31 Subject Test Refused

0.000Breath Volume 15:31

0.000Air Blank 15:31

0.080Control Test 15:32

0.000Air Blank 15:32

OKDiagnostics Check 15:32

Data Download Date/Time: 09/19/2020 08:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:08:1609/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:35

19:14

Wakulla County SO

HUNTER,CURTIS

03/05/2021

00919080A2

FHP Troop H

MITCHELL,VICKI,N

HERNANDEZ-DIAZ

09/16/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:00

0.000Air Blank 20:00

0.080Control Test 20:01

0.000Air Blank 20:01

# 1 0.224Subject Sample 20:03

1.562Breath Volume 20:03

0.000Air Blank 20:04

0.000Air Blank 20:05

# 2 0.240Subject Sample 20:06

3.191Breath Volume 20:06

0.000Air Blank 20:07

0.079Control Test 20:07

0.000Air Blank 20:08

OKDiagnostics Check 20:08

Data Download Date/Time: 09/19/2020 08:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000962CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:04:4709/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

04:21

FHP Troop H

KAUFFMAN,MITCHELL

03/05/2021

00919080A2

FHP Troop H

KAUFFMAN,MITCHELL,P

SCRUGGS

09/16/2020

8100.27

WAKULLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:53

0.000Air Blank 04:53

0.080Control Test 04:54

0.000Air Blank 04:54

# 1Subject Sample 04:57 No Sample Provided

0.000Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2Subject Sample 05:03 No Sample Provided

0.000Breath Volume 05:03

0.000Air Blank 05:03

0.079Control Test 05:04

0.000Air Blank 05:04

OKDiagnostics Check 05:04

Data Download Date/Time: 09/19/2020 08:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:4409/08/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:30

21:56

Orange County SO

CORDOVA,ODELIA

05/05/2021

06419080A1

Maitland PD

HARDEN,WILLIAM,L

FAIRCLOTH

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.081Control Test 22:56

0.000Air Blank 22:57

# 1 0.193Subject Sample 22:58

2.136Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:00

# 2 0.193Subject Sample 23:01

1.386Breath Volume 23:01

0.000Air Blank 23:01

0.081Control Test 23:02

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:20:3609/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:20

Orange County SO

NAJA,DILLON

05/05/2021

06419080A1

Orlando PD

HARDEN,WILLIAM,L

PRUITT

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:09

0.000Air Blank 02:09

0.081Control Test 02:10

0.000Air Blank 02:10

# 1 0.309Subject Sample 02:12

1.480Breath Volume 02:12

0.000Air Blank 02:12

0.000Air Blank 02:14

# 2 0.286Subject Sample 02:15

1.199Breath Volume 02:15

0.000Air Blank 02:16

0.000Air Blank 02:18

# 3 0.294Subject Sample 02:19

1.757Breath Volume 02:19

0.000Air Blank 02:19

0.080Control Test 02:19

0.000Air Blank 02:20

OKDiagnostics Check 02:20

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:09:0009/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:34

00:07

Orange County SO

RIVERA,STEVEN

05/05/2021

06419080A1

Orlando PD

DAVIS,COURTNEY,L

SWARTHOUT

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:59

0.000Air Blank 01:00

0.081Control Test 01:00

0.000Air Blank 01:01

# 1 0.299Subject Sample 01:01

4.027Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.321Subject Sample 01:04

4.621Breath Volume 01:04

0.000Air Blank 01:05

0.000Air Blank 01:07

# 3 0.326Subject Sample 01:07

4.191Breath Volume 01:07

0.000Air Blank 01:08

0.079Control Test 01:08

0.000Air Blank 01:08

OKDiagnostics Check 01:09

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:4009/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

23:48

Orange County SO

BRAZEE,COLE

05/05/2021

06419080A1

Orange County SO

HARDEN,WILLIAM,L

SINGAL

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.082Control Test 00:52

0.000Air Blank 00:52

# 1 0.203Subject Sample 00:53

4.203Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.199Subject Sample 00:56

4.152Breath Volume 00:56

0.000Air Blank 00:56

0.081Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2109/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:00

Orange County SO

CAMPBELL,ROBERT

05/05/2021

06419080A1

Apopka PD

HARDEN,WILLIAM,L

ARNOLD

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:12

0.000Air Blank 04:12

0.082Control Test 04:12

0.000Air Blank 04:13

# 1 0.130Subject Sample 04:14

1.238Breath Volume 04:14

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2 0.135Subject Sample 04:17

2.042Breath Volume 04:17

0.000Air Blank 04:18

0.082Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000963CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:43:0509/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:10

01:49

Orange County SO

FIGUEROA,HECTOR

05/05/2021

06419080A1

Orange County SO

HARDEN,WILLIAM,L

SANCHEZ-BUSTILLO

09/08/2020

8100.27

ORANGE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:36

0.000Air Blank 02:36

0.081Control Test 02:37

0.000Air Blank 02:37

# 1 0.195Subject Sample 02:38

1.988Breath Volume 02:38

0.000Air Blank 02:39

0.000Air Blank 02:41

# 2 0.190Subject Sample 02:41

1.304Breath Volume 02:41

0.000Air Blank 02:42

0.081Control Test 02:42

0.000Air Blank 02:43

OKDiagnostics Check 02:43

Data Download Date/Time: 10/07/2020 15:00

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:2709/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:43

Orange County SO

RODRIGUEZ,STEPHANIE

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

EARHART

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:44

0.000Air Blank 22:44

0.079Control Test 22:44

0.000Air Blank 22:45

# 1 0.123Subject Sample 22:46

3.488Breath Volume 22:46

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.122Subject Sample 22:49

3.496Breath Volume 22:49

0.000Air Blank 22:49

0.078Control Test 22:49

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:20:0309/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:47

20:23

Orange County SO

KIPP,ALEXANDER

05/05/2021

06419080A1

Orlando PD

SKOWRONSKI,JEFFREY,J

WATSON

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:11

0.000Air Blank 21:11

0.079Control Test 21:11

0.000Air Blank 21:12

# 1 0.088Subject Sample 21:14

1.871Breath Volume 21:14

0.000Air Blank 21:15

0.000Air Blank 21:17

# 2 0.086Subject Sample 21:18

2.464Breath Volume 21:18

0.000Air Blank 21:19

0.080Control Test 21:19

0.000Air Blank 21:19

OKDiagnostics Check 21:20

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:23:0309/03/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:28

Orange County SO

RAMIREZ,MATTHEW

05/05/2021

06419080A1

Ocoee PD

SKOWRONSKI,JEFFREY,J

PETERSON

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:16

0.000Air Blank 01:17

0.079Control Test 01:17

0.000Air Blank 01:18

# 1 0.209Subject Sample 01:18

1.453Breath Volume 01:18

0.000Air Blank 01:19

0.000Air Blank 01:20

# 2 0.211Subject Sample 01:21

1.484Breath Volume 01:21

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:23

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:41:4709/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:11

23:52

Orange County SO

RAMEY,MICHAEL

05/05/2021

06419080A1

Orange County SO

SKOWRONSKI,JEFFREY,J

HOWARD

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:35

0.000Air Blank 00:36

0.078Control Test 00:36

0.000Air Blank 00:36

# 1 0.183Subject Sample 00:37

2.574Breath Volume 00:37

0.000Air Blank 00:37

0.000Air Blank 00:39

# 2 0.184Subject Sample 00:40

3.035Breath Volume 00:40

0.000Air Blank 00:40

0.079Control Test 00:41

0.000Air Blank 00:41

OKDiagnostics Check 00:41

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:4409/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:16

00:20

Orange County SO

MOYE,JAMES

05/05/2021

06419080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

SHULER

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:41

0.000Air Blank 01:42

0.079Control Test 01:42

0.000Air Blank 01:43

# 1 0.000Subject Sample 01:43

1.496Breath Volume 01:43

0.000Air Blank 01:43

0.000Air Blank 01:45

# 2 0.000Subject Sample 01:46

2.382Breath Volume 01:46

0.000Air Blank 01:46

0.079Control Test 01:47

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:44:5809/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:12

02:45

Orange County SO

BIRDSONG,KEVIN

05/05/2021

06419080A1

Ocoee PD

WILKINS,CONNOR,R

DA SILVA SOUSA

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:38

0.000Air Blank 03:38

0.079Control Test 03:39

0.000Air Blank 03:39

# 1 0.159Subject Sample 03:40

2.105Breath Volume 03:40

0.000Air Blank 03:41

0.000Air Blank 03:43

# 2 0.154Subject Sample 03:43

1.488Breath Volume 03:43

0.000Air Blank 03:44

0.079Control Test 03:44

0.000Air Blank 03:44

OKDiagnostics Check 03:44

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:1509/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

04:43

Orange County SO

MELLA,MELISSA

05/05/2021

06419080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

COSME

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:14

0.000Air Blank 05:14

0.079Control Test 05:14

0.000Air Blank 05:15

# 1 0.171Subject Sample 05:15

3.042Breath Volume 05:15

0.000Air Blank 05:16

0.000Air Blank 05:18

# 2 0.167Subject Sample 05:18

2.093Breath Volume 05:18

0.000Air Blank 05:19

0.079Control Test 05:19

0.000Air Blank 05:20

OKDiagnostics Check 05:20

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4609/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:48

00:46

Orange County SO

IMPARATO,FRANK

05/05/2021

06419080A1

Central FL Univ PD

HARDEN,WILLIAM,L

CASTRO

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

# 1 0.000Subject Sample 02:27

2.437Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.000Subject Sample 02:30

1.246Breath Volume 02:30

0.000Air Blank 02:30

0.079Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:04:1509/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:26

21:10

Orange County SO

DOMINGUEZ,JAYMES

05/05/2021

06419080A1

Orange County SO

ROSARIO SANTIAGO,ELDALY,J

VARGAS MARTINEZ

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.079Control Test 21:55

0.000Air Blank 21:55

# 1Subject Sample 21:58 No Sample Provided

0.000Breath Volume 21:58

0.000Air Blank 21:59

0.000Air Blank 22:01

# 2Subject Sample 22:02 Subject Test Refused

0.000Breath Volume 22:02

0.000Air Blank 22:03

0.079Control Test 22:03

0.000Air Blank 22:04

OKDiagnostics Check 22:04

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2909/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

02:29

Orange County SO

SALAZAR,JUAN

05/05/2021

06419080A1

Orlando PD

ROSARIO SANTIAGO,ELDALY,J

ALSTON

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:53

0.000Air Blank 02:54

0.079Control Test 02:54

0.000Air Blank 02:55

# 1 0.270Subject Sample 02:55

2.671Breath Volume 02:55

0.000Air Blank 02:56

0.000Air Blank 02:58

# 2 0.282Subject Sample 02:59

2.621Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 09/08/2020 14:55

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:1609/07/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:10

20:59

Orange County SO

HYATT,MARCUS

05/05/2021

06419080A1

Orlando PD

HARDEN,WILLIAM,L

BASS

08/03/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.079Control Test 22:07

0.000Air Blank 22:08

# 1 0.000Subject Sample 22:08

2.542Breath Volume 22:08

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.000Subject Sample 22:11

2.460Breath Volume 22:11

0.000Air Blank 22:12

0.080Control Test 22:12

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 09/08/2020 14:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:06:3009/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:37

Orange County SO

BARNES,ZANETTA

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

SANCHEZCRUZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:59

0.000Air Blank 02:00

0.080Control Test 02:00

0.000Air Blank 02:01

# 1 0.000Subject Sample 02:02

1.273Breath Volume 02:02

0.000Air Blank 02:02

0.000Air Blank 02:04

# 2 0.000Subject Sample 02:05

2.359Breath Volume 02:05

0.000Air Blank 02:05

0.080Control Test 02:05

0.000Air Blank 02:06

OKDiagnostics Check 02:06

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:0609/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:32

01:07

Orange County SO

SINGSON,ROLAND

05/05/2021

06419080A1

FHP Troop D

DAVIS,COURTNEY,L

AROIAN

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:58

0.000Air Blank 02:59

0.080Control Test 02:59

0.000Air Blank 03:00

# 1 0.000Subject Sample 03:00

2.964Breath Volume 03:00

0.000Air Blank 03:01

0.000Air Blank 03:03

# 2 0.000Subject Sample 03:03

1.765Breath Volume 03:03

0.000Air Blank 03:04

0.080Control Test 03:04

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:2109/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:20

02:41

Orange County SO

MISIR,KUMAR

05/05/2021

06419080A1

Maitland PD

DENSON,TRAVIS,W

LUPERCIO

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1Subject Sample 03:55 No Sample Provided

0.000Breath Volume 03:55

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2Subject Sample 04:01 No Sample Provided

0.000Breath Volume 04:01

0.000Air Blank 04:01

0.080Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:35:4409/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

04:38

Orange County SO

KISSANE,BRIAN

05/05/2021

06419080A1

Orlando PD

WILKINS,CONNOR,R

QUINN

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:29

0.000Air Blank 05:30

0.080Control Test 05:30

0.000Air Blank 05:30

# 1 0.229Subject Sample 05:31

2.933Breath Volume 05:31

0.000Air Blank 05:31

0.000Air Blank 05:33

# 2 0.215Subject Sample 05:34

3.000Breath Volume 05:34

0.000Air Blank 05:34

0.079Control Test 05:35

0.000Air Blank 05:35

OKDiagnostics Check 05:35

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:4709/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:53

01:39

Orange County SO

VENTURA,CHRISTOPHER

05/05/2021

06419080A1

Orlando PD

KOSH,TOBI,J

MOLINA ZEA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:21

0.079Control Test 02:21

0.000Air Blank 02:21

# 1 0.130Subject Sample 02:22

3.406Breath Volume 02:22

0.000Air Blank 02:22

0.000Air Blank 02:24

# 2 0.132Subject Sample 02:25

3.859Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:1909/12/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:12

Orange County SO

CARBONE,ANDRES

05/05/2021

06419080A1

Orange County SO

DENSON,TRAVIS,W

MCGEE

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:02

0.000Air Blank 05:03

0.079Control Test 05:03

0.000Air Blank 05:04

# 1Subject Sample 05:07 No Sample Provided

0.000Breath Volume 05:07

0.000Air Blank 05:07

0.000Air Blank 05:09

# 2Subject Sample 05:09 Subject Test Refused

0.000Breath Volume 05:09

0.000Air Blank 05:10

0.079Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:10:3609/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:37

01:23

Orange County SO

VENTURA,CHRISTOPHER

05/05/2021

06419080A1

Orlando PD

DENSON,TRAVIS,W

VELASQUEZ LOPEZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:00

0.000Air Blank 02:01

0.079Control Test 02:01

0.000Air Blank 02:02

# 1 0.238Subject Sample 02:03

2.144Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.208Subject Sample 02:05

2.273Breath Volume 02:05

0.000Air Blank 02:06

0.000Air Blank 02:08

# 3 0.218Subject Sample 02:09

1.722Breath Volume 02:09

0.000Air Blank 02:09

0.078Control Test 02:10

0.000Air Blank 02:10

OKDiagnostics Check 02:10

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:43:5109/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:05

02:50

Orange County SO

BARNES,ZANETTA

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

RODRIGUESVIANA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:31

0.000Air Blank 03:32

0.079Control Test 03:32

0.000Air Blank 03:32

# 1 0.165Subject Sample 03:35 Volume Not Met

0.500Breath Volume 03:35

0.000Air Blank 03:36

0.000Air Blank 03:38

# 2 0.211Subject Sample 03:39 No .020 agreement

1.453Breath Volume 03:39

0.000Air Blank 03:40

0.000Air Blank 03:42

# 3 0.233Subject Sample 03:42 No .020 agreement

1.898Breath Volume 03:42

0.000Air Blank 03:42

0.078Control Test 03:43

0.000Air Blank 03:43

OKDiagnostics Check 03:43

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:4309/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

02:50

Orange County SO

BARNES,ZANETTA

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

RODRIGUESVIANA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:12

0.000Air Blank 05:13

0.079Control Test 05:13

0.000Air Blank 05:14

# 1 0.210Subject Sample 05:14

2.687Breath Volume 05:14

0.000Air Blank 05:15

0.000Air Blank 05:16

# 2 0.211Subject Sample 05:17

2.085Breath Volume 05:17

0.000Air Blank 05:17

0.079Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:12:4109/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:40

05:30

Orange County SO

DALLES,JOHN

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

DOMINGUEZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:06

0.000Air Blank 06:07

0.079Control Test 06:07

0.000Air Blank 06:07

# 1 0.181Subject Sample 06:08

2.097Breath Volume 06:08

0.000Air Blank 06:08

0.000Air Blank 06:10

# 2 0.195Subject Sample 06:11

1.710Breath Volume 06:11

0.000Air Blank 06:11

0.080Control Test 06:12

0.000Air Blank 06:12

OKDiagnostics Check 06:12

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:4509/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:05

Orange County SO

HERRERA BAQUERO,DANNY

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

PIERSALL

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.080Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:13

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:22:4109/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:46

23:05

Orange County SO

HERRERA BAQUERO,DANNY

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

PIERSALL

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:16

0.000Air Blank 00:17

0.080Control Test 00:17

0.000Air Blank 00:17

# 1 0.284Subject Sample 00:18

1.878Breath Volume 00:18

0.000Air Blank 00:18

0.000Air Blank 00:20

# 2 0.281Subject Sample 00:21

3.492Breath Volume 00:21

0.000Air Blank 00:21

0.079Control Test 00:22

0.000Air Blank 00:22

OKDiagnostics Check 00:22

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:5609/14/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:59

22:22

Orange County SO

MARRERO,EDWIN

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

ZARAJCZYK

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:23

0.000Air Blank 23:24

0.079Control Test 23:24

0.000Air Blank 23:25

# 1 0.361Subject Sample 23:25

1.191Breath Volume 23:25

0.000Air Blank 23:26

0.000Air Blank 23:28

# 2 0.350Subject Sample 23:28

1.285Breath Volume 23:28

0.000Air Blank 23:29

0.078Control Test 23:29

0.000Air Blank 23:29

OKDiagnostics Check 23:29

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:2109/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:19

00:46

Orange County SO

ACEVEDO,WALBERTO

05/05/2021

06419080A1

Orlando PD

NERVAIS,TABITHA,J

VASWANI

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:46

0.000Air Blank 01:46

0.080Control Test 01:47

0.000Air Blank 01:47

# 1 0.132Subject Sample 01:48

1.394Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.131Subject Sample 01:51

1.859Breath Volume 01:51

0.000Air Blank 01:52

0.079Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:16:1909/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:16

Orange County SO

CHAPMAN,JOSEPH

05/05/2021

06419080A1

FHP Troop D

NERVAIS,TABITHA,J

WRIGHT

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:09

# 1 0.144Subject Sample 05:10

1.750Breath Volume 05:10

0.000Air Blank 05:11

0.000Air Blank 05:13

# 2 0.136Subject Sample 05:14

1.417Breath Volume 05:14

Air Blank 05:15 Ambient Fail

0.000Air Blank 05:16

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:20:2209/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:45

03:16

Orange County SO

CHAPMAN,JOSEPH

05/05/2021

06419080A1

FHP Troop D

NERVAIS,TABITHA,J

WRIGHT

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:19

0.000Air Blank 05:19

0.074Control Test 05:19 Control Outside Tolerance

0.000Air Blank 05:20

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:11:3509/16/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:39

22:04

Orange County SO

PHAN,ADAM

05/05/2021

06419080A1

Orange County SO

DENSON,TRAVIS,W

MAHN

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.079Control Test 23:04

0.000Air Blank 23:05

# 1 0.254Subject Sample 23:05

1.363Breath Volume 23:05

0.000Air Blank 23:06

0.000Air Blank 23:08

# 2 0.256Subject Sample 23:10

1.179Breath Volume 23:10

0.000Air Blank 23:10

0.079Control Test 23:10

0.000Air Blank 23:11

OKDiagnostics Check 23:11

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:41:1509/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:09

00:46

Orange County SO

WILKES,DAVID

05/05/2021

06419080A1

Orlando PD

DAVIS,COURTNEY,L

LASTER

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:34

# 1 0.201Subject Sample 01:36

2.773Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.181Subject Sample 01:39

1.277Breath Volume 01:39

0.000Air Blank 01:40

0.079Control Test 01:40

0.000Air Blank 01:41

OKDiagnostics Check 01:41

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:4709/17/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:28

01:40

Orange County SO

BOYD,RENEE

05/05/2021

06419080A1

Orlando PD

DENSON,TRAVIS,W

JAY

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:54

0.000Air Blank 02:55

0.080Control Test 02:55

0.000Air Blank 02:56

# 1 0.115Subject Sample 02:56

2.867Breath Volume 02:56

0.000Air Blank 02:57

0.000Air Blank 02:58

# 2 0.121Subject Sample 02:59

2.820Breath Volume 02:59

0.000Air Blank 02:59

0.080Control Test 03:00

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:1709/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:51

03:25

Orange County SO

RAMIREZ,MATTHEW

05/05/2021

06419080A1

Ocoee PD

WILKINS,CONNOR,R

GALVANNUNEZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:19

0.079Control Test 04:19

0.000Air Blank 04:19

# 1 0.211Subject Sample 04:20

2.394Breath Volume 04:20

0.000Air Blank 04:20

0.000Air Blank 04:22

# 2 0.191Subject Sample 04:23

1.421Breath Volume 04:23

0.000Air Blank 04:24

0.079Control Test 04:24

0.000Air Blank 04:25

OKDiagnostics Check 04:25

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:45:4509/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:18

Orange County SO

CASTELLANOS
PADRON,BRYAN

05/05/2021

06419080A1

FHP Troop D

KOSH,TOBI,J

JARAMILLO

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:38

0.000Air Blank 04:39

0.079Control Test 04:39

0.000Air Blank 04:39

# 1 0.178Subject Sample 04:40

1.382Breath Volume 04:40

0.000Air Blank 04:41

0.000Air Blank 04:43

# 2 0.188Subject Sample 04:44

2.359Breath Volume 04:44

0.000Air Blank 04:44

0.079Control Test 04:45

0.000Air Blank 04:45

OKDiagnostics Check 04:45

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:09:2309/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:38

04:46

Orange County SO

MCLEAN,NICHOLAS

05/05/2021

06419080A1

FHP Troop D

WILKINS,CONNOR,R

JIMENEZCANDIA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:03

0.000Air Blank 06:03

0.080Control Test 06:04

0.000Air Blank 06:04

# 1 0.207Subject Sample 06:04

1.312Breath Volume 06:04

0.000Air Blank 06:05

0.000Air Blank 06:07

# 2 0.210Subject Sample 06:07

1.777Breath Volume 06:07

0.000Air Blank 06:08

0.079Control Test 06:08

0.000Air Blank 06:09

OKDiagnostics Check 06:09

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:12:1509/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:35

23:46

Orange County SO

SIMPSON,JOSEPH

05/05/2021

06419080A1

FHP Troop D

KOSH,TOBI,J

DORSET

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:01

0.000Air Blank 01:02

0.079Control Test 01:02

0.000Air Blank 01:02

# 1 0.305Subject Sample 01:03

1.558Breath Volume 01:03

0.000Air Blank 01:03

0.000Air Blank 01:05

# 2 0.277Subject Sample 01:07

1.699Breath Volume 01:07

0.000Air Blank 01:08

0.000Air Blank 01:10

# 3 0.293Subject Sample 01:10

1.777Breath Volume 01:10

0.000Air Blank 01:11

0.078Control Test 01:11

0.000Air Blank 01:12

OKDiagnostics Check 01:12

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:15:2609/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:22

Orange County SO

MARRERO,EDWIN

05/05/2021

06419080A1

Orlando PD

KOSH,TOBI,J

VELASQUEZ ORTIZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.079Control Test 03:12

0.000Air Blank 03:12

# 1Subject Sample 03:14 Subject Test Refused

0.000Breath Volume 03:14

0.000Air Blank 03:14

0.079Control Test 03:14

0.000Air Blank 03:15

OKDiagnostics Check 03:15

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:20:5509/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:12

Orange County SO

RIDEAUX,ADAM

05/05/2021

06419080A1

Orlando PD

KOSH,TOBI,J

LEE

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:09

0.000Air Blank 04:10

0.079Control Test 04:10

0.000Air Blank 04:10

# 1Subject Sample 04:13 No Sample Provided

0.000Breath Volume 04:13

0.000Air Blank 04:14

0.000Air Blank 04:16

# 2Subject Sample 04:19 No Sample Provided

0.000Breath Volume 04:19

0.000Air Blank 04:20

0.080Control Test 04:20

0.000Air Blank 04:20

OKDiagnostics Check 04:20

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:54:1909/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:56

Orange County SO

SIMPSON,JOSEPH

05/05/2021

06419080A1

FHP Troop D

WILKINS,CONNOR,R

CHEVALIER

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:48

0.000Air Blank 05:48

0.079Control Test 05:49

0.000Air Blank 05:49

# 1 0.157Subject Sample 05:50

1.671Breath Volume 05:50

0.000Air Blank 05:50

0.000Air Blank 05:52

# 2 0.151Subject Sample 05:52

1.535Breath Volume 05:52

0.000Air Blank 05:53

0.080Control Test 05:53

0.000Air Blank 05:54

OKDiagnostics Check 05:54

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:0109/20/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:57

23:29

Orange County SO

CAMPBELL,ROBERT

05/05/2021

06419080A1

Apopka PD

KOSH,TOBI,J

ORDONEZ CANALES

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:27

0.000Air Blank 01:27

0.079Control Test 01:28

0.000Air Blank 01:28

# 1 0.218Subject Sample 01:29

1.109Breath Volume 01:29

0.000Air Blank 01:29

0.000Air Blank 01:31

# 2 0.222Subject Sample 01:32

1.136Breath Volume 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:33

OKDiagnostics Check 01:34

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:21:3509/21/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:32

Orange County SO

DOMINGUEZ,JAYMES

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

FELICIANORIVERA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:15

0.000Air Blank 02:15

0.080Control Test 02:16

0.000Air Blank 02:16

# 1 0.122Subject Sample 02:17

1.656Breath Volume 02:17

0.000Air Blank 02:17

0.000Air Blank 02:19

# 2 0.131Subject Sample 02:20

1.703Breath Volume 02:20

0.000Air Blank 02:20

0.079Control Test 02:21

0.000Air Blank 02:21

OKDiagnostics Check 02:21

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:04:3509/23/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:30

03:28

Orange County SO

BANOS,FRANK

05/05/2021

06419080A1

Maitland PD

WILKINS,CONNOR,R

BRAUMAN

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:57

0.000Air Blank 06:57

0.080Control Test 06:57

0.000Air Blank 06:58

# 1 0.150Subject Sample 06:59

1.542Breath Volume 06:59

0.000Air Blank 07:00

0.000Air Blank 07:02

# 2 0.143Subject Sample 07:03

1.195Breath Volume 07:03

0.000Air Blank 07:03

0.080Control Test 07:04

0.000Air Blank 07:04

OKDiagnostics Check 07:04

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:12:3209/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:42

14:26

Orange County SO

WONG SHUE,ANTHONY

05/05/2021

06419080A1

Orlando PD

RODRIGUEZ,MICHAEL,J

MCGEE

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:06

0.000Air Blank 15:07

0.079Control Test 15:07

0.000Air Blank 15:08

# 1Subject Sample 15:11 Subject Test Refused

0.000Breath Volume 15:11

0.000Air Blank 15:11

0.079Control Test 15:11

0.000Air Blank 15:12

OKDiagnostics Check 15:12

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:3209/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:48

20:13

Orange County SO

BRYAN,ADAM

05/05/2021

06419080A1

Maitland PD

DENSON,TRAVIS,W

LUNA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:12

0.000Air Blank 21:12

0.079Control Test 21:13

0.000Air Blank 21:13

# 1 0.128Subject Sample 21:16

1.250Breath Volume 21:16

0.000Air Blank 21:16

0.000Air Blank 21:18

# 2 0.126Subject Sample 21:20

1.636Breath Volume 21:20

0.000Air Blank 21:20

0.079Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5209/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:49

00:24

Orange County SO

RIVERA,VICTOR

05/05/2021

06419080A1

FHP Troop D

KOSH,TOBI,J

ALLEN

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:13

0.000Air Blank 01:13

0.080Control Test 01:14

0.000Air Blank 01:14

# 1 0.151Subject Sample 01:15

1.539Breath Volume 01:15

0.000Air Blank 01:15

0.000Air Blank 01:17

# 2 0.150Subject Sample 01:18

1.113Breath Volume 01:18

0.000Air Blank 01:18

0.080Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:43:0309/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:13

03:24

Orange County SO

SIMPSON,JOSEPH

05/05/2021

06419080A1

FHP Troop D

KOSH,TOBI,J

GARRISON

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:36

0.000Air Blank 04:37

0.079Control Test 04:37

0.000Air Blank 04:37

# 1 0.249Subject Sample 04:38

1.972Breath Volume 04:38

0.000Air Blank 04:38

0.000Air Blank 04:40

# 2 0.247Subject Sample 04:41

1.953Breath Volume 04:41

0.000Air Blank 04:42

0.079Control Test 04:42

0.000Air Blank 04:42

OKDiagnostics Check 04:43

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:56:2609/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:25

07:30

Orange County SO

MAYFIELD,JOHN

05/05/2021

06419080A1

Orange County SO

RODRIGUEZ,MICHAEL,J

MICHEL

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:49

0.000Air Blank 08:49

0.080Control Test 08:50

0.000Air Blank 08:50

# 1 0.000Subject Sample 08:52

1.746Breath Volume 08:52

0.000Air Blank 08:52

0.000Air Blank 08:54

# 2 0.000Subject Sample 08:55

1.855Breath Volume 08:55

0.000Air Blank 08:55

0.080Control Test 08:55

0.000Air Blank 08:56

OKDiagnostics Check 08:56

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:0809/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:21

23:59

Orange County SO

CAMPBELL,ROBERT

05/05/2021

06419080A1

Apopka PD

KOSH,TOBI,J

ROBINSON JOSEPH

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:45

0.000Air Blank 01:45

0.079Control Test 01:46

0.000Air Blank 01:46

# 1 0.140Subject Sample 01:48

1.507Breath Volume 01:48

0.000Air Blank 01:49

0.000Air Blank 01:51

# 2 0.143Subject Sample 01:52

1.757Breath Volume 01:52

0.000Air Blank 01:53

0.079Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:48:0209/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:16

02:49

Orange County SO

CARBONE,ANDRES

05/05/2021

06419080A1

Orange County SO

WILKINS,CONNOR,R

DIAZDIAZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.080Control Test 03:41

0.000Air Blank 03:42

# 1 0.184Subject Sample 03:42

1.781Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.184Subject Sample 03:46

1.808Breath Volume 03:46

0.000Air Blank 03:47

0.079Control Test 03:47

0.000Air Blank 03:47

OKDiagnostics Check 03:48

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:33:0509/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:46

Orange County SO

ROCCHILD,MIGUEL

05/05/2021

06419080A1

Orlando PD

DAVIS,COURTNEY,L

TAYLOR

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.079Control Test 04:27

0.000Air Blank 04:27

# 1 0.201Subject Sample 04:28

2.722Breath Volume 04:28

0.000Air Blank 04:29

0.000Air Blank 04:31

# 2 0.207Subject Sample 04:31

3.617Breath Volume 04:31

0.000Air Blank 04:32

0.078Control Test 04:32

0.000Air Blank 04:33

OKDiagnostics Check 04:33

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:21:4409/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:43

05:15

Orange County SO

PENACARRION,MARLON

05/05/2021

06419080A1

FHP Troop D

WILKINS,CONNOR,R

ZUNUNPEREZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:15

0.000Air Blank 06:15

0.079Control Test 06:16

0.000Air Blank 06:16

# 1 0.254Subject Sample 06:17

3.449Breath Volume 06:17

0.000Air Blank 06:17

0.000Air Blank 06:19

# 2 0.251Subject Sample 06:20

3.445Breath Volume 06:20

0.000Air Blank 06:20

0.079Control Test 06:21

0.000Air Blank 06:21

OKDiagnostics Check 06:21

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:57:1509/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

06:51

06:00

Orange County SO

HAMDAN,AUTUMN

05/05/2021

06419080A1

Orange County SO

RODRIGUEZ,MICHAEL,J

SALAZARVICUNA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 07:52

0.000Air Blank 07:52

0.080Control Test 07:53

0.000Air Blank 07:53

# 1Subject Sample 07:55 Subject Test Refused

0.000Breath Volume 07:55

0.000Air Blank 07:56

0.080Control Test 07:56

0.000Air Blank 07:57

OKDiagnostics Check 07:57

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:24:5009/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:22

Orange County SO

LANGER,JOSEPH

05/05/2021

06419080A1

Ocoee PD

DAVIS,COURTNEY,L

SOSA

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:19

0.000Air Blank 01:19

0.079Control Test 01:19

0.000Air Blank 01:20

# 1 0.000Subject Sample 01:20

1.371Breath Volume 01:20

0.000Air Blank 01:21

0.000Air Blank 01:23

# 2 0.000Subject Sample 01:23

1.917Breath Volume 01:23

0.000Air Blank 01:23

0.080Control Test 01:24

0.000Air Blank 01:24

OKDiagnostics Check 01:24

Data Download Date/Time: 10/07/2020 14:49

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000964CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:26:5609/29/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:49

22:57

Orange County SO

BARRAGAN GARCIA,ANTONIO

05/05/2021

06419080A1

FHP Troop D

DAVIS,COURTNEY,L

VAZQUEZVAZQUEZ

09/08/2020

8100.27

ORANGE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:23

0.000Air Blank 00:23

0.080Control Test 00:23

0.000Air Blank 00:24

# 1Subject Sample 00:25 Subject Test Refused

0.000Breath Volume 00:25

0.000Air Blank 00:26

0.080Control Test 00:26

0.000Air Blank 00:26

OKDiagnostics Check 00:26

Data Download Date/Time: 10/07/2020 14:50

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:21:3509/06/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:46

FHP Troop H

MOSCHETTO,ANTHONY

03/05/2021

00919080A2

FHP Troop H

MOSCHETTO,ANTHONY,C

ISIDRO CAMACHO

08/06/2020

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.078Control Test 21:15

0.000Air Blank 21:16

# 1 0.240Subject Sample 21:17

3.042Breath Volume 21:17

0.000Air Blank 21:17

0.000Air Blank 21:19

# 2 0.240Subject Sample 21:20

2.898Breath Volume 21:20

0.000Air Blank 21:20

0.078Control Test 21:20

0.000Air Blank 21:21

OKDiagnostics Check 21:21

Data Download Date/Time: 09/08/2020 14:41

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000965CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

13:35:2209/19/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:00

12:58

FHP Troop H

DAHLKE,JOHN

03/05/2021

00919080A2

FHP Troop H

THOMPSON,RONDRICKA,N

JOHNSON

09/08/2020

8100.27

QUINCY PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 13:29

0.000Air Blank 13:29

0.079Control Test 13:30

0.000Air Blank 13:30

# 1 0.000Subject Sample 13:31

2.125Breath Volume 13:31

0.000Air Blank 13:31

0.000Air Blank 13:33

# 2 0.000Subject Sample 13:34

1.480Breath Volume 13:34

0.000Air Blank 13:34

0.078Control Test 13:34

0.000Air Blank 13:35

OKDiagnostics Check 13:35

Data Download Date/Time: 10/07/2020 12:07

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:48:5009/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

01:50

Kissimmee PD

MOORE,BRIAN

08/28/2022

1190213

Kissimmee PD

MOORE,BRIAN,G

JENNINGS

08/03/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.079Control Test 02:43

0.000Air Blank 02:43

# 1 0.208Subject Sample 02:44

2.230Breath Volume 02:44

0.000Air Blank 02:44

0.000Air Blank 02:46

# 2 0.214Subject Sample 02:47

1.613Breath Volume 02:47

0.000Air Blank 02:47

0.079Control Test 02:48

0.000Air Blank 02:48

OKDiagnostics Check 02:48

Data Download Date/Time: 09/01/2020 12:04

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:42:4409/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:18

21:53

Osceola County SO

WHOBREY,SPENCER

08/28/2022

1190213

Osceola County SO

WHOBREY,SPENCER,E

WRIGHT

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:39

0.000Air Blank 22:39

0.077Control Test 22:39

0.000Air Blank 22:40

# 1Subject Sample 22:41 Subject Test Refused

0.000Breath Volume 22:41

0.000Air Blank 22:41

0.078Control Test 22:42

0.000Air Blank 22:42

OKDiagnostics Check 22:42

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:00:2209/02/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:35

01:44

Osceola County SO

STRODTMAN,ERIC

08/28/2022

1190213

Osceola County SO

STRODTMAN,ERIC,J

ARSAN

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:56

0.000Air Blank 02:56

0.078Control Test 02:57

0.000Air Blank 02:57

# 1Subject Sample 02:59 Subject Test Refused

0.000Breath Volume 02:59

0.000Air Blank 02:59

0.079Control Test 02:59

0.000Air Blank 03:00

OKDiagnostics Check 03:00

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:1909/04/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:36

03:36

Osceola County SO

COWLEY,DUSTIN

08/28/2022

1190213

Osceola County SO

HANSELL,ROBERT,E

ARAMBULA

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:59

0.079Control Test 03:59

0.000Air Blank 03:59

# 1 0.141Subject Sample 04:00

2.875Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.137Subject Sample 04:03

2.867Breath Volume 04:03

0.000Air Blank 04:04

0.077Control Test 04:04

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:4909/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

03:18

Osceola County SO

WHOBREY,SPENCER

08/28/2022

1190213

Osceola County SO

WHOBREY,SPENCER,E

WOOTEN

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.079Control Test 03:23

0.000Air Blank 03:23

# 1 0.190Subject Sample 03:24

2.027Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.183Subject Sample 03:27

1.953Breath Volume 03:27

0.000Air Blank 03:27

0.079Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:28

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:20:5409/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:54

21:07

Kissimmee PD

SALGADO,BRADON

08/28/2022

1190213

Kissimmee PD

DOUVRES,MICHAEL,J

MARTINEZ QUINONES

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:14

0.000Air Blank 22:15

0.081Control Test 22:15

0.000Air Blank 22:15

# 1 0.050Subject Sample 22:16

1.714Breath Volume 22:16

0.000Air Blank 22:17

0.000Air Blank 22:18

# 2 0.048Subject Sample 22:19

1.562Breath Volume 22:19

0.000Air Blank 22:19

0.080Control Test 22:20

0.000Air Blank 22:20

OKDiagnostics Check 22:20

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:34:1909/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:59

02:29

Osceola County SO

CRAWFORD,DAVID

08/28/2022

1190213

Osceola County SO

CRAWFORD,DAVID,T

FLORES

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:19

0.000Air Blank 03:20

0.080Control Test 03:20

0.000Air Blank 03:20

# 1 0.193Subject Sample 03:24 Volume Not Met

0.019Breath Volume 03:24

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.199Subject Sample 03:27

1.453Breath Volume 03:27

0.000Air Blank 03:28

0.000Air Blank 03:30

# 3 0.190Subject Sample 03:32

1.445Breath Volume 03:32

0.000Air Blank 03:33

0.077Control Test 03:33

0.000Air Blank 03:34

OKDiagnostics Check 03:34

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:50:5409/09/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:23

22:10

Osceola County SO

WHOBREY,SPENCER

08/28/2022

1190213

Osceola County SO

WHOBREY,SPENCER,E

RODRIGUEZ ROBLES

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:45

# 1 0.034Subject Sample 22:45

1.214Breath Volume 22:45

0.000Air Blank 22:46

0.000Air Blank 22:48

# 2 0.036Subject Sample 22:49

1.511Breath Volume 22:49

0.000Air Blank 22:49

0.080Control Test 22:50

0.000Air Blank 22:50

OKDiagnostics Check 22:50

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:13:3809/10/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:45

00:24

Osceola County SO

MONCAYO,MASON

08/28/2022

1190213

St. Cloud PD

WHOBREY,SPENCER,E

VICENTE

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:06

0.000Air Blank 01:07

0.079Control Test 01:07

0.000Air Blank 01:08

# 1 0.236Subject Sample 01:08

2.175Breath Volume 01:08

0.000Air Blank 01:09

0.000Air Blank 01:11

# 2 0.237Subject Sample 01:12

2.078Breath Volume 01:12

0.000Air Blank 01:12

0.079Control Test 01:13

0.000Air Blank 01:13

OKDiagnostics Check 01:13

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:0009/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

02:16

Osceola County SO

CRAWFORD,DAVID

08/28/2022

1190213

Osceola County SO

CRAWFORD,DAVID,T

ARROYO-CASTRO

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:25

0.000Air Blank 02:26

0.080Control Test 02:26

0.000Air Blank 02:27

# 1Subject Sample 02:29 Subject Test Refused

0.453Breath Volume 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:30

OKDiagnostics Check 02:31

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:0409/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:43

02:20

Osceola County SO

SOLIS,GUSTAVO

08/28/2022

1190213

Osceola County SO

CRAWFORD,DAVID,T

ROJAS

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:07

0.000Air Blank 03:08

0.079Control Test 03:08

0.000Air Blank 03:09

# 1 0.218Subject Sample 03:09

1.707Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.223Subject Sample 03:12

1.808Breath Volume 03:12

0.000Air Blank 03:13

0.078Control Test 03:13

0.000Air Blank 03:13

OKDiagnostics Check 03:14

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:1809/13/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:29

22:33

Kissimmee PD

MEJIA,DANIEL

08/28/2022

1190213

Kissimmee PD

MEJIA,DANIEL,A

MARTELL-ALVAREZ

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:50

0.000Air Blank 23:50

0.080Control Test 23:50

0.000Air Blank 23:51

# 1 0.000Subject Sample 23:52

2.070Breath Volume 23:52

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.000Subject Sample 23:54

2.296Breath Volume 23:54

0.000Air Blank 23:55

0.078Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:36:2709/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:54

Osceola County SO

SOLIS,GUSTAVO

08/28/2022

1190213

Osceola County SO

HANSELL,ROBERT,E

CHEVEREZ NEGRON

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:29

0.000Air Blank 03:29

0.080Control Test 03:30

0.000Air Blank 03:30

# 1 0.113Subject Sample 03:31

1.601Breath Volume 03:31

0.000Air Blank 03:32

0.000Air Blank 03:34

# 2 0.117Subject Sample 03:34

1.804Breath Volume 03:34

0.000Air Blank 03:35

0.078Control Test 03:35

0.000Air Blank 03:36

OKDiagnostics Check 03:36

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:2909/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:14

FHP Troop D

RUSSAK,KEVIN

08/28/2022

1190213

FHP Troop D

RUSSAK,KEVIN,M

MARRERO

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:18

0.000Air Blank 04:18

0.080Control Test 04:18

0.000Air Blank 04:19

# 1 0.049Subject Sample 04:21

1.515Breath Volume 04:21

0.000Air Blank 04:22

0.000Air Blank 04:24

# 2 0.049Subject Sample 04:24

2.125Breath Volume 04:24

Air Blank 04:25 RFI Detect

0.000Air Blank 04:25

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:1809/18/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:43

02:14

FHP Troop D

RUSSAK,KEVIN

08/28/2022

1190213

FHP Troop D

RUSSAK,KEVIN,M

MARRERO

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:27

0.000Air Blank 04:28

0.079Control Test 04:28

0.000Air Blank 04:29

# 1 0.049Subject Sample 04:30

3.183Breath Volume 04:30

0.000Air Blank 04:31

0.000Air Blank 04:33

# 2 0.048Subject Sample 04:33

2.371Breath Volume 04:33

0.000Air Blank 04:34

0.078Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:35:4409/25/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

01:06

St. Cloud PD

MORALES,RONNIE

08/28/2022

1190213

St. Cloud PD

MORALES,RONNIE,

ORTIZ-BAEZ

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:32

0.000Air Blank 01:33

0.080Control Test 01:33

0.000Air Blank 01:34

# 1Subject Sample 01:34 Subject Test Refused

0.000Breath Volume 01:34

0.000Air Blank 01:34

0.080Control Test 01:35

0.000Air Blank 01:35

OKDiagnostics Check 01:35

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:05:0309/26/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:14

14:04

Kissimmee PD

OWEN,CHRISTOPHER

08/28/2022

1190213

FFWCC (Ocala)

FORD,GLENN,W

BOYD

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:58

0.000Air Blank 15:58

0.080Control Test 15:58

0.000Air Blank 15:59

# 1 0.221Subject Sample 16:00

1.457Breath Volume 16:00

0.000Air Blank 16:01

0.000Air Blank 16:02

# 2 0.211Subject Sample 16:03

1.675Breath Volume 16:03

0.000Air Blank 16:04

0.078Control Test 16:04

0.000Air Blank 16:04

OKDiagnostics Check 16:05

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:18:2709/27/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:57

04:37

Kissimmee PD

LATCHMAN,AJYAI

08/28/2022

1190213

Kissimmee PD

FORD,GLENN,W

CRUZ MARTINEZ

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:11

0.000Air Blank 06:12

0.080Control Test 06:12

0.000Air Blank 06:13

# 1 0.155Subject Sample 06:13

2.332Breath Volume 06:13

0.000Air Blank 06:14

0.000Air Blank 06:16

# 2 0.149Subject Sample 06:16

1.332Breath Volume 06:16

0.000Air Blank 06:17

0.078Control Test 06:17

0.000Air Blank 06:18

OKDiagnostics Check 06:18

Data Download Date/Time: 10/20/2020 11:44

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:00:0809/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

22:56

Kissimmee PD

RIVERA,BRANDON

08/28/2022

1190213

Kissimmee PD

MEJIA,DANIEL,A

KEY

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:53

0.000Air Blank 23:54

0.081Control Test 23:54

0.000Air Blank 23:54

# 1 0.130Subject Sample 23:55

2.187Breath Volume 23:55

0.000Air Blank 23:56

0.000Air Blank 23:57

# 2 0.128Subject Sample 23:58

2.375Breath Volume 23:58

0.000Air Blank 23:59

0.078Control Test 23:59

0.000Air Blank 00:00

OKDiagnostics Check 00:00

Data Download Date/Time: 10/20/2020 11:45

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000966CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:37:2909/28/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:10

03:06

St. Cloud PD

BARBERI,FRANCIS

08/28/2022

1190213

St. Cloud PD

MORALES,RONNIE,

SLORGIE

09/01/2020

8100.27

OSCEOLA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:30

0.000Air Blank 03:30

0.080Control Test 03:31

0.000Air Blank 03:31

# 1 0.159Subject Sample 03:32

1.531Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:35

# 2 0.157Subject Sample 03:35

1.437Breath Volume 03:35

0.000Air Blank 03:36

0.079Control Test 03:36

0.000Air Blank 03:37

OKDiagnostics Check 03:37

Data Download Date/Time: 10/20/2020 11:45

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:07:2009/01/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:40

23:52

Osceola County SO

SAYERS,MICHELLE

12/11/2021

1060911

Osceola County SO

SAYERS,MICHELLE,H

JACQUES

08/03/2020

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:00

0.000Air Blank 00:01

0.081Control Test 00:01

0.000Air Blank 00:02

# 1 0.118Subject Sample 00:02

2.203Breath Volume 00:02

0.000Air Blank 00:03

0.000Air Blank 00:05

# 2 0.112Subject Sample 00:05

2.742Breath Volume 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

OKDiagnostics Check 00:07

Data Download Date/Time: 09/01/2020 11:56

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:51:4309/05/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:24

00:48

St. Cloud PD

FRIGIOLA,N

08/28/2022

1190213

St. Cloud PD

DUNN,COLLIN,J

MOSIER

09/01/2020

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.079Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:50 Subject Test Refused

0.000Breath Volume 01:50

0.000Air Blank 01:50

0.079Control Test 01:51

0.000Air Blank 01:51

OKDiagnostics Check 01:51

Data Download Date/Time: 10/20/2020 14:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.



80-000968CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:28:0509/15/2020

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

22:59

Osceola County SO

SAYERS,MICHELLE

08/28/2022

1190213

Osceola County SO

SAYERS,MICHELLE,H

DANIELS

09/01/2020

8100.27

OSCEOLA CORRECTIONS

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:22

0.000Air Blank 01:22

0.080Control Test 01:22

0.000Air Blank 01:23

# 1 0.068Subject Sample 01:23

2.265Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:26

# 2 0.066Subject Sample 01:26

1.601Breath Volume 01:26

0.000Air Blank 01:27

0.080Control Test 01:27

0.000Air Blank 01:28

OKDiagnostics Check 01:28

Data Download Date/Time: 10/20/2020 14:51

07 January 2021Printed:

COBRA ©1997-2014 CMI, Inc.


