
80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:57:5812/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:29

23:30

Sumter County SO

LETSON,REBECCA

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

SMITH

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.078Control Test 00:52

0.000Air Blank 00:52

# 1 0.198Subject Sample 00:53

2.167Breath Volume 00:53

0.000Air Blank 00:53

0.000Air Blank 00:55

# 2 0.203Subject Sample 00:56

1.886Breath Volume 00:56

0.000Air Blank 00:57

0.078Control Test 00:57

0.000Air Blank 00:57

OKDiagnostics Check 00:57

Data Download Date/Time: 12/02/2021 11:03

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:35:4412/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

14:49

Sumter County SO

LETSON,R

06/05/2023

11821080A2

Sumter County SO

CANALE,NICHOLAS,D

HUDSON

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:29

0.000Air Blank 16:30

0.078Control Test 16:30

0.000Air Blank 16:31

# 1 0.000Subject Sample 16:31

2.097Breath Volume 16:31

0.000Air Blank 16:31

0.000Air Blank 16:33

# 2 0.000Subject Sample 16:34

1.824Breath Volume 16:34

0.000Air Blank 16:34

0.078Control Test 16:35

0.000Air Blank 16:35

OKDiagnostics Check 16:35

Data Download Date/Time: 12/22/2021 13:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:07:5312/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:40

15:09

Sumter County SO

MCMANN,JAMES

06/05/2023

11821080A2

Wildwood PD

ISHALL,JALEN,L

NUNEZ RODRIGUEZ

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:00

0.000Air Blank 16:01

0.078Control Test 16:01

0.000Air Blank 16:02

# 1 0.079Subject Sample 16:03

2.621Breath Volume 16:03

0.000Air Blank 16:03

0.000Air Blank 16:05

# 2 0.083Subject Sample 16:06

2.316Breath Volume 16:06

0.000Air Blank 16:06

0.078Control Test 16:07

0.000Air Blank 16:07

OKDiagnostics Check 16:07

Data Download Date/Time: 12/22/2021 13:36

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:26:3612/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:22

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

HORTON

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:20

0.077Control Test 22:20

0.000Air Blank 22:21

# 1 0.170Subject Sample 22:22

1.816Breath Volume 22:22

0.000Air Blank 22:22

0.000Air Blank 22:24

# 2 0.165Subject Sample 22:25

2.015Breath Volume 22:25

0.000Air Blank 22:25

0.078Control Test 22:26

0.000Air Blank 22:26

OKDiagnostics Check 22:26

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:22:3312/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

21:56

Sumter County SO

RICH,JOSEPH

06/05/2023

11821080A2

FHP Troop C

BISHOP METZ,FELICIA,B

COWINS

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:15

0.000Air Blank 23:16

0.078Control Test 23:16

0.000Air Blank 23:17

# 1 0.174Subject Sample 23:18

1.843Breath Volume 23:18

0.000Air Blank 23:18

0.000Air Blank 23:20

# 2 0.168Subject Sample 23:21

1.832Breath Volume 23:21

0.000Air Blank 23:21

0.078Control Test 23:21

0.000Air Blank 23:22

OKDiagnostics Check 23:22

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:2812/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:17

Sumter County SO

MEJIAS,JOSEPH

06/05/2023

11821080A2

Wildwood PD

BISHOP METZ,FELICIA,B

CLARK

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:54

0.077Control Test 01:54

0.000Air Blank 01:55

# 1 0.139Subject Sample 01:56

1.281Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.143Subject Sample 01:59

1.558Breath Volume 01:59

0.000Air Blank 02:00

0.076Control Test 02:00

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:25:3212/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:58

02:21

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

WILLIAMS

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:18

0.000Air Blank 03:19

0.077Control Test 03:19

0.000Air Blank 03:19

# 1 0.147Subject Sample 03:21

2.949Breath Volume 03:21

0.000Air Blank 03:21

0.000Air Blank 03:23

# 2 0.146Subject Sample 03:24

2.054Breath Volume 03:24

0.000Air Blank 03:24

0.078Control Test 03:24

0.000Air Blank 03:25

OKDiagnostics Check 03:25

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:45:4712/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:13

20:15

Sumter County SO

FROEHLICH,TYLER

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

WINTERS

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:38

0.000Air Blank 21:39

0.077Control Test 21:39

0.000Air Blank 21:39

# 1 0.289Subject Sample 21:41

2.320Breath Volume 21:41

0.000Air Blank 21:41

0.000Air Blank 21:43

# 2 0.279Subject Sample 21:44

2.097Breath Volume 21:44

0.000Air Blank 21:44

0.077Control Test 21:45

0.000Air Blank 21:45

OKDiagnostics Check 21:45

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:59:0312/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:24

20:52

Sumter County SO

LETSON,REBECCA

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

HACKETT

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:51

0.076Control Test 21:51

0.000Air Blank 21:52

# 1 0.249Subject Sample 21:54

1.468Breath Volume 21:54

0.000Air Blank 21:55

0.000Air Blank 21:56

# 2 0.246Subject Sample 21:57

1.328Breath Volume 21:57

0.000Air Blank 21:58

0.075Control Test 21:58

0.000Air Blank 21:58

OKDiagnostics Check 21:59

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:44:2612/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:41

Sumter County SO

LIVINGSTON,ROBERT

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

GEER

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:36

0.076Control Test 22:36

0.000Air Blank 22:37

# 1 0.221Subject Sample 22:38

1.683Breath Volume 22:38

0.000Air Blank 22:38

0.000Air Blank 22:40

# 2 0.225Subject Sample 22:42

1.570Breath Volume 22:42

0.000Air Blank 22:43

0.077Control Test 22:43

0.000Air Blank 22:44

OKDiagnostics Check 22:44

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:50:4512/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:19

21:27

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

TEUFERT

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:39

0.000Air Blank 23:39

0.076Control Test 23:40

0.000Air Blank 23:40

# 1 0.136Subject Sample 23:43 Volume Not Met

0.273Breath Volume 23:43

0.000Air Blank 23:44

0.000Air Blank 23:46

# 2 0.117Subject Sample 23:49 Volume Not Met

0.085Breath Volume 23:49

0.000Air Blank 23:49

0.078Control Test 23:50

0.000Air Blank 23:50

OKDiagnostics Check 23:50

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:04:3512/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

21:27

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

TEUFERT

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:56

0.000Air Blank 23:56

0.076Control Test 23:56

0.000Air Blank 23:57

# 1 0.121Subject Sample 00:00 Volume Not Met

0.164Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2Subject Sample 00:03 Subject Test Refused

0.000Breath Volume 00:03

0.000Air Blank 00:03

0.076Control Test 00:04

0.000Air Blank 00:04

OKDiagnostics Check 00:04

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:22:2512/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:54

02:12

Sumter County SO

MORA,JUANRAUL

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

GOCAY

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.077Control Test 03:15

0.000Air Blank 03:16

# 1 0.151Subject Sample 03:17

1.785Breath Volume 03:17

0.000Air Blank 03:18

0.000Air Blank 03:20

# 2 0.145Subject Sample 03:20

1.519Breath Volume 03:20

0.000Air Blank 03:21

0.076Control Test 03:21

0.000Air Blank 03:22

OKDiagnostics Check 03:22

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:38:1412/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:22

Sumter County SO

REDWAN,ALFREDO

06/05/2023

11821080A2

FHP Troop C

BISHOP METZ,FELICIA,B

COULTER

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:35

0.000Air Blank 22:35

0.078Control Test 22:36

0.000Air Blank 22:36

# 1Subject Sample 22:36 Subject Test Refused

0.000Breath Volume 22:36

0.000Air Blank 22:37

0.078Control Test 22:37

0.000Air Blank 22:38

OKDiagnostics Check 22:38

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:43:0812/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:16

22:15

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

BURNSIDE JR

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:36

0.000Air Blank 23:37

0.077Control Test 23:37

0.000Air Blank 23:37

# 1 0.106Subject Sample 23:38

2.167Breath Volume 23:38

0.000Air Blank 23:39

0.000Air Blank 23:40

# 2 0.105Subject Sample 23:41

2.347Breath Volume 23:41

0.000Air Blank 23:42

0.077Control Test 23:42

0.000Air Blank 23:43

OKDiagnostics Check 23:43

Data Download Date/Time: 12/22/2021 13:37

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:17:0712/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:50

14:38

Sumter County SO

HARTMANN,H

06/05/2023

11821080A2

Sumter County SO

CANALE,NICHOLAS,D

BRIGGS

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:10

0.000Air Blank 16:11

0.078Control Test 16:11

0.000Air Blank 16:11

# 1 0.279Subject Sample 16:12

2.300Breath Volume 16:12

0.000Air Blank 16:13

0.000Air Blank 16:15

# 2 0.278Subject Sample 16:15

1.820Breath Volume 16:15

0.000Air Blank 16:16

0.077Control Test 16:16

0.000Air Blank 16:17

OKDiagnostics Check 16:17

Data Download Date/Time: 12/22/2021 13:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:31:2312/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:41

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

GEOGHEGAN,ASHLEY,M

LECLAIR

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:28

0.000Air Blank 19:29

0.078Control Test 19:29

0.000Air Blank 19:29

# 1Subject Sample 19:30 Subject Test Refused

0.000Breath Volume 19:30

0.000Air Blank 19:30

0.078Control Test 19:30

0.000Air Blank 19:31

OKDiagnostics Check 19:31

Data Download Date/Time: 12/22/2021 13:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:1912/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:44

15:19

Sumter County SO

ORTIZ,B

06/05/2023

11821080A2

FHP Troop C

CANALE,NICHOLAS,D

DENITTO

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:04

0.000Air Blank 17:05

0.078Control Test 17:05

0.000Air Blank 17:05

# 1Subject Sample 17:05 Subject Test Refused

0.000Breath Volume 17:05

0.000Air Blank 17:06

0.078Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 12/22/2021 13:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:17:2312/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:39

20:16

Sumter County SO

ALMANY,BRANDY

06/05/2023

11821080A2

Sumter County SO

ISHALL,JALEN,L

RAMIERIEZ

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:10

0.078Control Test 21:10

0.000Air Blank 21:11

# 1 0.248Subject Sample 21:12

2.976Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:15

# 2 0.233Subject Sample 21:15

2.265Breath Volume 21:15

0.000Air Blank 21:16

0.076Control Test 21:16

0.000Air Blank 21:17

OKDiagnostics Check 21:17

Data Download Date/Time: 12/22/2021 13:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000206CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:24:2812/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:57

18:10

Sumter County SO

GUINANE,JOHN

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

LEIGHTON

11/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:17

0.000Air Blank 19:18

0.077Control Test 19:18

0.000Air Blank 19:18

# 1 0.000Subject Sample 19:20

1.761Breath Volume 19:20

0.000Air Blank 19:20

0.000Air Blank 19:22

# 2 0.000Subject Sample 19:23

2.003Breath Volume 19:23

0.000Air Blank 19:23

0.078Control Test 19:23

0.000Air Blank 19:24

OKDiagnostics Check 19:24

Data Download Date/Time: 12/22/2021 13:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000223CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:09:0612/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

22:17

Ft. Walton Beach PD

WOHLIN,WOHLIN

01/06/2024

1433248

Ft. Walton Beach PD

WOHLIN,MARK,T

NIEVES

12/30/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.081Control Test 23:03

0.000Air Blank 23:03

# 1 0.115Subject Sample 23:04

1.613Breath Volume 23:04

0.000Air Blank 23:05

0.000Air Blank 23:06

# 2 0.116Subject Sample 23:07

1.988Breath Volume 23:07

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

OKDiagnostics Check 23:09

Data Download Date/Time: 03/05/2022 00:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:40:1412/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:05

09:31

Okaloosa County SO

POWELL,MICHAEL

07/15/2023

13921080A2

Okaloosa County SO

POWELL,MICHAEL,T

DOHENY

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:25

0.000Air Blank 10:26

0.082Control Test 10:26

0.000Air Blank 10:26

# 1 0.236Subject Sample 10:30 Volume Not Met

0.468Breath Volume 10:30

0.000Air Blank 10:30

0.000Air Blank 10:32

# 2 0.256Subject Sample 10:35

1.199Breath Volume 10:35

0.000Air Blank 10:36

0.000Air Blank 10:37

# 3 0.255Subject Sample 10:38

1.609Breath Volume 10:38

0.000Air Blank 10:39

0.078Control Test 10:39

0.000Air Blank 10:40

OKDiagnostics Check 10:40

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:29:3412/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:17

Okaloosa County SO

BIERNACKI,CHAD

07/05/2023

13921080A2

Okaloosa County SO

GONZALES,ANTHONY,M

MATHES

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:21

0.000Air Blank 02:21

0.082Control Test 02:21

0.000Air Blank 02:22

# 1Subject Sample 02:25 No Sample Provided

0.000Breath Volume 02:25

0.000Air Blank 02:26

0.000Air Blank 02:28

# 2Subject Sample 02:28 Subject Test Refused

0.000Breath Volume 02:28

0.000Air Blank 02:28

0.082Control Test 02:28

0.000Air Blank 02:29

OKDiagnostics Check 02:29

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:31:5512/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:21

02:19

Okaloosa County SO

HACKETT,TRAVIS

07/05/2023

13921080A2

Hurlburt Field PD

GONZALES,ANTHONY,M

STREET

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:23

0.000Air Blank 03:23

0.083Control Test 03:24

0.000Air Blank 03:24

# 1 0.179Subject Sample 03:26

2.859Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:28

# 2 0.168Subject Sample 03:30

2.437Breath Volume 03:30

0.000Air Blank 03:30

0.082Control Test 03:31

0.000Air Blank 03:31

OKDiagnostics Check 03:31

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:58:2212/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:17

04:06

Okaloosa County SO

CARTER,LARRY

07/15/2023

1349789

Okaloosa County SO

CARTER,LARRY,J

KIRSCH

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:50

0.000Air Blank 04:51

0.082Control Test 04:51

0.000Air Blank 04:52

# 1 0.166Subject Sample 04:52

1.859Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.155Subject Sample 04:56

2.121Breath Volume 04:56

0.000Air Blank 04:57

0.081Control Test 04:57

0.000Air Blank 04:58

OKDiagnostics Check 04:58

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:40:5812/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:14

04:41

Okaloosa County SO

VASQUEZ,GEORGE

07/05/2023

13921080A2

Okaloosa County SO

VASQUEZ,GEORGE,D

MISKELLEY

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:35

0.000Air Blank 05:35

0.080Control Test 05:35

0.000Air Blank 05:36

# 1 0.209Subject Sample 05:36

2.816Breath Volume 05:36

0.000Air Blank 05:37

0.000Air Blank 05:39

# 2 0.200Subject Sample 05:39

2.914Breath Volume 05:39

0.000Air Blank 05:40

0.082Control Test 05:40

0.000Air Blank 05:40

OKDiagnostics Check 05:40

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:27:1912/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:04

16:24

Okaloosa County SO

SHELDON,ERIC

07/05/2023

13921080A2

Okaloosa County SO

SHELDON,ERIC,L

CORKILL

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:24

0.000Air Blank 17:24

0.082Control Test 17:25

0.000Air Blank 17:25

# 1Subject Sample 17:25 Subject Test Refused

0.000Breath Volume 17:25

0.000Air Blank 17:26

0.080Control Test 17:26

0.000Air Blank 17:27

OKDiagnostics Check 17:27

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:47:4512/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:20

16:57

Okaloosa County SO

STINSON,ERIC

07/05/2023

13921080A2

Okaloosa County SO

STINSONE,ERIC,S

MADDOX

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:41

0.000Air Blank 17:41

0.081Control Test 17:41

0.000Air Blank 17:42

# 1 0.134Subject Sample 17:43

1.406Breath Volume 17:43

0.000Air Blank 17:43

0.000Air Blank 17:45

# 2 0.134Subject Sample 17:46

1.406Breath Volume 17:46

0.000Air Blank 17:46

0.081Control Test 17:47

0.000Air Blank 17:47

OKDiagnostics Check 17:47

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:22:4712/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:50

17:16

Okaloosa County SO

MAURICIO,CHRISTOPHER

07/15/2023

1349789

Okaloosa County SO

MAURICIOC,CHRISTOPHER,J

ORR

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:15

0.000Air Blank 18:16

0.081Control Test 18:16

0.000Air Blank 18:17

# 1 0.173Subject Sample 18:18

3.265Breath Volume 18:18

0.000Air Blank 18:19

0.000Air Blank 18:20

# 2 0.170Subject Sample 18:21

3.550Breath Volume 18:21

0.000Air Blank 18:21

0.080Control Test 18:22

0.000Air Blank 18:22

OKDiagnostics Check 18:22

Data Download Date/Time: 12/22/2021 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:05:1912/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:29

00:56

FHP Troop A

DRANE,RICHARD

07/05/2023

13921080A2

FHP Troop A

DRANE,RICHARD,B

GOMEZ

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:53

0.000Air Blank 01:54

0.081Control Test 01:54

0.000Air Blank 01:55

# 1Subject Sample 01:58 No Sample Provided

0.000Breath Volume 01:58

0.000Air Blank 01:58

0.000Air Blank 02:00

# 2Subject Sample 02:03 No Sample Provided

0.000Breath Volume 02:03

0.000Air Blank 02:04

0.082Control Test 02:04

0.000Air Blank 02:05

OKDiagnostics Check 02:05

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:4712/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:20

Okaloosa County SO

MERTENS,WILLIAM

07/05/2023

13921080A2

Okaloosa County SO

MERTENS,WILLIAM,

ULRICH

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.082Control Test 22:27

0.000Air Blank 22:28

# 1 0.241Subject Sample 22:29

2.824Breath Volume 22:29

0.000Air Blank 22:29

0.000Air Blank 22:31

# 2 0.236Subject Sample 22:32

1.789Breath Volume 22:32

0.000Air Blank 22:32

0.081Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:53:2712/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:30

05:08

Okaloosa County SO

GRUNDIN,GABREAN

07/05/2023

13921080A2

Okaloosa County SO

VASQUEZ,GEORGE,D

WADDELL

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:50

0.000Air Blank 05:50

0.082Control Test 05:51

0.000Air Blank 05:51

# 1Subject Sample 05:52 Subject Test Refused

0.000Breath Volume 05:52

0.000Air Blank 05:52

0.080Control Test 05:52

0.000Air Blank 05:53

OKDiagnostics Check 05:53

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:25:3912/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:00

03:29

Okaloosa County SO

RHEINHARDT,JERALD

07/15/2023

1349789

Okaloosa County SO

COLONNA,TYLER,S

MARQUEZ

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:21

0.000Air Blank 04:22

0.081Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:24 Subject Test Refused

0.000Breath Volume 04:24

0.000Air Blank 04:24

0.082Control Test 04:24

Air Blank 04:25 Improper Sample

0.000Air Blank 04:25

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:03:0112/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:33

03:28

Okaloosa County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

WARF,KYLE,J

SANCHEZ RODRIGUEZ

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:54

0.000Air Blank 04:54

0.082Control Test 04:55

0.000Air Blank 04:55

# 1 0.082Subject Sample 04:58

1.714Breath Volume 04:58

0.000Air Blank 04:59

0.000Air Blank 05:00

# 2 0.089Subject Sample 05:01

1.359Breath Volume 05:01

0.000Air Blank 05:02

0.082Control Test 05:02

0.000Air Blank 05:02

OKDiagnostics Check 05:03

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:47:4112/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:15

03:29

Okaloosa County SO

HAINES,BENJAMIN

07/15/2023

1349789

Okaloosa County SO

HAINES,BENJAMIN,A

LEITH

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:41

0.000Air Blank 05:41

0.081Control Test 05:42

0.000Air Blank 05:42

# 1 0.098Subject Sample 05:43

1.226Breath Volume 05:43

0.000Air Blank 05:43

0.000Air Blank 05:45

# 2 0.103Subject Sample 05:46

2.820Breath Volume 05:46

0.000Air Blank 05:46

0.081Control Test 05:47

0.000Air Blank 05:47

OKDiagnostics Check 05:47

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:1212/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:06

02:39

Okaloosa County SO

STINSON,ERIC

07/05/2023

13921080A2

Okaloosa County SO

STINSON,ERIC,S

THOMPSON

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:26

0.000Air Blank 03:27

0.083Control Test 03:27

0.000Air Blank 03:28

# 1 0.135Subject Sample 03:28

1.621Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:31

# 2 0.138Subject Sample 03:31

1.660Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:4512/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:03

Okaloosa County SO

HACKETT,TRAVIS

07/15/2023

1349789

Hurlburt Field PD

VASQUEZ,GEORGE,D

DONOVAN

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:26

0.000Air Blank 04:26

0.082Control Test 04:27

0.000Air Blank 04:27

# 1 0.013Subject Sample 04:28

3.187Breath Volume 04:28

0.000Air Blank 04:28

0.000Air Blank 04:30

# 2 0.014Subject Sample 04:31

3.304Breath Volume 04:31

0.000Air Blank 04:31

0.082Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:57:3512/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:29

03:43

Okaloosa County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

WARF,KYLE,J

BETANCO MIRANDA

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:50

0.000Air Blank 04:50

0.083Control Test 04:51

0.000Air Blank 04:51

# 1 0.061Subject Sample 04:52

1.734Breath Volume 04:52

0.000Air Blank 04:53

0.000Air Blank 04:55

# 2 0.068Subject Sample 04:56

1.910Breath Volume 04:56

0.000Air Blank 04:56

0.082Control Test 04:56

0.000Air Blank 04:57

OKDiagnostics Check 04:57

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:51:3512/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:17

17:44

Okaloosa County SO

ATKINS,JAMES

07/15/2023

1349789

Okaloosa County SO

CARTER,LARRY,J

PODLECKI

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:45

0.000Air Blank 18:46

0.081Control Test 18:46

0.000Air Blank 18:46

# 1 0.166Subject Sample 18:47

2.945Breath Volume 18:47

0.000Air Blank 18:47

0.000Air Blank 18:49

# 2 0.158Subject Sample 18:50

2.726Breath Volume 18:50

0.000Air Blank 18:50

0.081Control Test 18:50

0.000Air Blank 18:51

OKDiagnostics Check 18:51

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:34:2012/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:08

18:14

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

JENRICH

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:28

0.000Air Blank 19:28

0.081Control Test 19:28

0.000Air Blank 19:29

# 1 0.213Subject Sample 19:29

2.277Breath Volume 19:29

0.000Air Blank 19:30

0.000Air Blank 19:32

# 2 0.215Subject Sample 19:32

2.355Breath Volume 19:32

0.000Air Blank 19:33

0.081Control Test 19:33

0.000Air Blank 19:34

OKDiagnostics Check 19:34

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:19:1212/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:33

18:54

Okaloosa County SO

WEYER,STEVE

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

ROMERO

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:15

0.000Air Blank 20:15

0.081Control Test 20:15

0.000Air Blank 20:16

# 1Subject Sample 20:17 Subject Test Refused

0.062Breath Volume 20:17

0.000Air Blank 20:18

0.081Control Test 20:18

0.000Air Blank 20:19

OKDiagnostics Check 20:19

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:29:0112/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:24

Okaloosa County SO

ALBRECHT,SYDMEY

07/15/2023

1349789

Ft. Walton Beach PD

SHELDON,ERIC,L

OJEDA ANGARITA

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.082Control Test 03:22

0.000Air Blank 03:22

# 1 0.148Subject Sample 03:23

1.250Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.146Subject Sample 03:27

1.746Breath Volume 03:27

0.000Air Blank 03:28

0.083Control Test 03:28

0.000Air Blank 03:28

OKDiagnostics Check 03:29

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

06:26:2112/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:51

05:14

Okaloosa County SO

GRUNDEN,GABREAN

07/15/2023

1349789

Okaloosa County SO

WALKER,LANDON,L

RAMIREZ-CALLEJA

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 06:23

0.000Air Blank 06:23

0.082Control Test 06:24

0.000Air Blank 06:24

# 1Subject Sample 06:24 Subject Test Refused

0.000Breath Volume 06:24

0.000Air Blank 06:25

0.082Control Test 06:25

0.000Air Blank 06:26

OKDiagnostics Check 06:26

Data Download Date/Time: 12/22/2021 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:04:5512/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:38

01:21

Okaloosa County SO

MARTIN,JAMES

07/15/2023

1349789

Ft. Walton Beach PD

HART,JOSEPH,A

CLUGSTON

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:58

0.000Air Blank 01:59

0.082Control Test 01:59

0.000Air Blank 01:59

# 1 0.148Subject Sample 02:00

1.269Breath Volume 02:00

0.000Air Blank 02:01

0.000Air Blank 02:02

# 2 0.149Subject Sample 02:03

1.378Breath Volume 02:03

0.000Air Blank 02:04

0.082Control Test 02:04

0.000Air Blank 02:04

OKDiagnostics Check 02:04

Data Download Date/Time: 12/22/2021 11:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:59:5412/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:25

03:47

Okaloosa County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

WARF,KYLE,J

WESTBROOK

11/03/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:46

0.000Air Blank 04:46

0.084Control Test 04:47

0.000Air Blank 04:47

# 1 0.109Subject Sample 04:50 Volume Not Met

0.105Breath Volume 04:50

0.000Air Blank 04:51

0.000Air Blank 04:53

# 2 0.111Subject Sample 04:53

1.621Breath Volume 04:53

0.000Air Blank 04:54

0.000Air Blank 04:56

# 3 0.103Subject Sample 04:58

1.253Breath Volume 04:58

0.000Air Blank 04:58

0.083Control Test 04:59

0.000Air Blank 04:59

OKDiagnostics Check 04:59

Data Download Date/Time: 12/22/2021 11:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4012/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

01:55

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

MCKINNEY

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:50

0.000Air Blank 02:51

0.083Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:54 No Sample Provided

0.000Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.204Subject Sample 02:59

1.339Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 3 0.215Subject Sample 03:03

1.875Breath Volume 03:03

0.000Air Blank 03:04

0.082Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:1912/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

22:33

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

VALLE CRUZ

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:05

0.083Control Test 00:05

0.000Air Blank 00:06

# 1 0.173Subject Sample 00:06

3.687Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:09

# 2 0.172Subject Sample 00:09

3.289Breath Volume 00:09

0.000Air Blank 00:10

0.083Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:32:0812/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:19

Okaloosa County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

WARF,KYLE,J

PAYNE

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:23

0.000Air Blank 22:24

0.082Control Test 22:24

0.000Air Blank 22:24

# 1Subject Sample 22:28 No Sample Provided

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.000Air Blank 22:30

# 2Subject Sample 22:30 Subject Test Refused

0.000Breath Volume 22:30

0.000Air Blank 22:31

0.082Control Test 22:31

0.000Air Blank 22:32

OKDiagnostics Check 22:32

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:5112/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:40

04:08

Madison County SO

WARF,KYLE

07/15/2023

1349789

Okaloosa County SO

WARF,KYLE,J

CARTER

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:03

0.000Air Blank 05:03

0.082Control Test 05:04

0.000Air Blank 05:04

# 1Subject Sample 05:07 No Sample Provided

0.000Breath Volume 05:07

0.000Air Blank 05:08

0.000Air Blank 05:10

# 2Subject Sample 05:10 Subject Test Refused

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.082Control Test 05:11

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:1612/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:08

23:33

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

BARRAVECCHIO

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:28

0.000Air Blank 00:28

0.082Control Test 00:29

0.000Air Blank 00:29

# 1 0.085Subject Sample 00:30

1.222Breath Volume 00:30

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.085Subject Sample 00:33

2.566Breath Volume 00:33

0.000Air Blank 00:34

0.081Control Test 00:34

0.000Air Blank 00:35

OKDiagnostics Check 00:35

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:32:4212/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:01

03:20

FHP Troop A

JONES,KEITH

07/15/2023

1349789

FHP Troop A

JONES,KEITH,P

REED

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:21

0.000Air Blank 04:21

0.082Control Test 04:22

0.000Air Blank 04:22

# 1Subject Sample 04:25 No Sample Provided

0.000Breath Volume 04:25

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2Subject Sample 04:31 No Sample Provided

0.000Breath Volume 04:31

0.000Air Blank 04:31

0.082Control Test 04:32

0.000Air Blank 04:32

OKDiagnostics Check 04:32

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:15:5312/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:30

Okaloosa County SO

CHAPMAN,AARON

07/15/2023

1349789

Okaloosa County SO

CHAPMAN,AARON,C

LOPEZ IGLESIAS

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:10

0.000Air Blank 00:11

0.081Control Test 00:11

0.000Air Blank 00:11

# 1 0.222Subject Sample 00:14

1.531Breath Volume 00:14

Air Blank 00:14 RFI Detect

0.000Air Blank 00:14

0.080Control Test 00:15

0.000Air Blank 00:15

OKDiagnostics Check 00:15

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:32:5512/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:50

23:30

Okaloosa County SO

CHAPMAN,AARON

07/15/2023

1349789

Okaloosa County SO

CHAPMAN,AARON,C

LOPEZ IGLESIAS

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:20

0.000Air Blank 00:20

0.080Control Test 00:21

0.000Air Blank 00:21

# 1 0.204Subject Sample 00:24 Volume Not Met

0.332Breath Volume 00:24

0.000Air Blank 00:25

0.000Air Blank 00:27

# 2 0.216Subject Sample 00:28

2.328Breath Volume 00:28

0.000Air Blank 00:29

0.000Air Blank 00:30

# 3 0.218Subject Sample 00:31

2.925Breath Volume 00:31

0.000Air Blank 00:32

0.076Control Test 00:32

0.000Air Blank 00:32

OKDiagnostics Check 00:32

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:29:4212/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:38

Okaloosa County SO

CALLOWAY,MORGAN

07/15/2023

1349789

Ft. Walton Beach PD

HART,JOSEPH,A

RUBIN

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:20

0.000Air Blank 22:21

0.081Control Test 22:21

0.000Air Blank 22:22

# 1Subject Sample 22:25 No Sample Provided

0.000Breath Volume 22:25

0.000Air Blank 22:25

0.000Air Blank 22:27

# 2Subject Sample 22:28 Subject Test Refused

0.000Breath Volume 22:28

0.000Air Blank 22:28

0.081Control Test 22:29

0.000Air Blank 22:29

OKDiagnostics Check 22:29

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000224CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:16:4812/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:50

20:29

Okaloosa County SO

SHELDON,ERIC

07/15/2023

1349789

Okaloosa County SO

SHELDON,ERIC,L

MADSEN

12/22/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:10

0.000Air Blank 21:11

0.082Control Test 21:11

0.000Air Blank 21:11

# 1 0.123Subject Sample 21:12

4.320Breath Volume 21:12

0.000Air Blank 21:13

0.000Air Blank 21:14

# 2 0.122Subject Sample 21:15

2.945Breath Volume 21:15

0.000Air Blank 21:15

0.082Control Test 21:16

0.000Air Blank 21:16

OKDiagnostics Check 21:16

Data Download Date/Time: 01/28/2022 11:40

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:3612/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:43

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

LEONARD

11/01/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:49

0.000Air Blank 01:49

0.080Control Test 01:50

0.000Air Blank 01:50

# 1 0.175Subject Sample 01:51

1.285Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.168Subject Sample 01:55

1.277Breath Volume 01:55

0.000Air Blank 01:55

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 12/14/2021 10:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:21:2912/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

01:08

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

SEYMOUR

11/01/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:15

0.080Control Test 01:16

0.000Air Blank 01:16

# 1 0.094Subject Sample 01:16

1.121Breath Volume 01:16

0.000Air Blank 01:17

0.000Air Blank 01:19

# 2 0.101Subject Sample 01:20

2.437Breath Volume 01:20

0.000Air Blank 01:20

0.080Control Test 01:20

0.000Air Blank 01:21

OKDiagnostics Check 01:21

Data Download Date/Time: 12/14/2021 10:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000227CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:31:1512/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

01:19

FHP Troop G

FARLEY,JOSEPH

02/05/2022

35019080A3

FHP Troop G

FARLEY,JOSEPH,E

DROSNOCK

11/01/2021

8100.27

FDLE

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:24

0.000Air Blank 01:25

0.080Control Test 01:25

0.000Air Blank 01:26

# 1 0.252Subject Sample 01:26

1.980Breath Volume 01:26

0.000Air Blank 01:27

0.000Air Blank 01:29

# 2 0.245Subject Sample 01:29

1.265Breath Volume 01:29

0.000Air Blank 01:30

0.080Control Test 01:30

0.000Air Blank 01:31

OKDiagnostics Check 01:31

Data Download Date/Time: 12/14/2021 10:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000742CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:14:1712/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:15

03:58

Ft. Walton Beach PD

SWENSON,BRIAN

09/20/2022

1206004

Ft. Walton Beach PD

CRAWFORD,BENJAMIN,D

SMITH

11/23/2021

8100.27

VALPARAISO PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:11

0.000Air Blank 05:11

0.079Control Test 05:12

0.000Air Blank 05:12

# 1Subject Sample 05:12 Subject Test Refused

0.000Breath Volume 05:12

0.000Air Blank 05:13

0.080Control Test 05:13

0.000Air Blank 05:14

OKDiagnostics Check 05:14

Data Download Date/Time: 12/21/2021 17:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:28:5312/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:55

FHP Troop A

MANNING,CARL

02/25/2023

1283438

FHP Troop A

LOPER,CADEN,D

RODRIGUEZ

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:22

0.000Air Blank 02:22

0.080Control Test 02:23

0.000Air Blank 02:23

# 1 0.166Subject Sample 02:24

2.210Breath Volume 02:24

0.000Air Blank 02:25

0.000Air Blank 02:27

# 2 0.161Subject Sample 02:27

1.105Breath Volume 02:27

0.000Air Blank 02:27

0.078Control Test 02:28

0.000Air Blank 02:28

OKDiagnostics Check 02:28

Data Download Date/Time: 01/10/2022 17:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:5512/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:45

FHP Troop A

MANNING,CARL

02/25/2023

1283438

FHP Troop A

LOPER,CADEN,D

GREEN-DINGLE

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:10

0.080Control Test 01:11

0.000Air Blank 01:11

# 1 0.200Subject Sample 01:13

3.125Breath Volume 01:13

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.200Subject Sample 01:16

3.355Breath Volume 01:16

0.000Air Blank 01:16

0.078Control Test 01:17

Air Blank 01:17 RFI Detect

0.000Air Blank 01:17

Data Download Date/Time: 01/10/2022 17:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

08:49:5412/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

08:23

06:56

FHP Troop A

MESTEK,JOHN

02/25/2023

1283438

FHP Troop A

MESTEK,JOHN,A

POTTER

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 08:43

0.000Air Blank 08:44

0.080Control Test 08:44

0.000Air Blank 08:45

# 1 0.211Subject Sample 08:45

3.132Breath Volume 08:45

0.000Air Blank 08:46

0.000Air Blank 08:48

# 2 0.202Subject Sample 08:48

1.730Breath Volume 08:48

0.000Air Blank 08:49

0.079Control Test 08:49

0.000Air Blank 08:49

OKDiagnostics Check 08:49

Data Download Date/Time: 01/10/2022 17:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:1912/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:17

21:47

FHP Troop A

FOLSOM,DAVID

02/25/2023

1283438

FHP Troop A

FOLSOM,DAVID,A

KNAPP

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:40

0.000Air Blank 22:40

0.080Control Test 22:41

0.000Air Blank 22:41

# 1 0.142Subject Sample 22:42

1.257Breath Volume 22:42

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.133Subject Sample 22:45

1.210Breath Volume 22:45

0.000Air Blank 22:46

0.077Control Test 22:46

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/10/2022 17:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000744CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:2212/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:45

Escambia County SO

SHORETTE,BRIAN

02/25/2023

1283438

Escambia County SO

SHORETTE,BRIAN,E

PENNINGTON

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.080Control Test 22:31

0.000Air Blank 22:32

# 1 0.145Subject Sample 22:33

2.054Breath Volume 22:33

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.142Subject Sample 22:35

1.835Breath Volume 22:35

0.000Air Blank 22:36

0.080Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 01/10/2022 17:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0712/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

11:03

FHP Troop A

JUSTICE,JOSEPH

02/25/2023

1283438

FHP Troop A

JUSTICE,JOSEPH,R

FELICIANO

11/10/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:03

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

# 1 0.175Subject Sample 00:06

1.406Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.174Subject Sample 00:09

1.726Breath Volume 00:09

0.000Air Blank 00:10

0.077Control Test 00:10

0.000Air Blank 00:11

OKDiagnostics Check 00:11

Data Download Date/Time: 12/13/2021 16:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:41:0512/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:14

03:00

Escambia County SO

SHORETTE,BRIAN

02/25/2023

1283438

Escambia County SO

SHORETTE,BRIAN,E

BYRON

11/10/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:35

0.000Air Blank 03:35

0.082Control Test 03:35

0.000Air Blank 03:36

# 1 0.158Subject Sample 03:36

4.613Breath Volume 03:36

0.000Air Blank 03:37

0.000Air Blank 03:39

# 2 0.156Subject Sample 03:39

3.886Breath Volume 03:39

0.000Air Blank 03:40

0.078Control Test 03:40

0.000Air Blank 03:41

OKDiagnostics Check 03:41

Data Download Date/Time: 12/13/2021 16:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:10:5312/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:02

11:13

FHP Troop A

JUSTICE,JOSEPH

02/25/2023

1283438

FHP Troop A

JUSTICE,JOSEPH,R

JARRELL

11/10/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.081Control Test 00:04

0.000Air Blank 00:05

# 1 0.142Subject Sample 00:06

2.687Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.131Subject Sample 00:09

1.675Breath Volume 00:09

0.000Air Blank 00:09

0.079Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:10

Data Download Date/Time: 12/13/2021 16:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000749CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:25:5712/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:57

22:54

FHP Troop A

MANNING,CARL

02/25/2023

1283438

FHP Troop A

MANNING,CARL,T

POHIVA

11/10/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:20

0.000Air Blank 23:20

0.080Control Test 23:21

0.000Air Blank 23:21

# 1 0.186Subject Sample 23:22

1.109Breath Volume 23:22

0.000Air Blank 23:23

0.000Air Blank 23:24

# 2 0.184Subject Sample 23:25

1.179Breath Volume 23:25

Air Blank 23:25 RFI Detect

0.000Air Blank 23:25

Data Download Date/Time: 12/13/2021 16:11

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:5512/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

01:45

FHP Troop A

ROGERS,REGINALD

02/25/2023

1283438

FHP Troop A

ROGERS,REGINALD,

VILLARREAL

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:41

0.000Air Blank 02:42

0.083Control Test 02:42

0.000Air Blank 02:42

# 1 0.225Subject Sample 02:43

4.382Breath Volume 02:43

0.000Air Blank 02:44

0.000Air Blank 02:45

# 2 0.222Subject Sample 02:46

3.250Breath Volume 02:46

0.000Air Blank 02:47

0.080Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/10/2022 18:28

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:32:2412/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:00

19:53

Escambia County SO

BARNETT,JAMES

02/25/2023

1283438

Escambia County SO

BARNETT,JAMES,C

CLARK

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:24

0.000Air Blank 20:24

0.084Control Test 20:24

0.000Air Blank 20:25

# 1 0.153Subject Sample 20:27

1.574Breath Volume 20:27

0.000Air Blank 20:28

0.000Air Blank 20:30

# 2 0.147Subject Sample 20:30

1.312Breath Volume 20:30

0.000Air Blank 20:31

0.081Control Test 20:31

0.000Air Blank 20:32

OKDiagnostics Check 20:32

Data Download Date/Time: 01/10/2022 18:28

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:06:3312/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:35

23:35

FHP Troop A

MANNING,CARL

02/25/2023

1283438

FHP Troop A

MANING,CARL,T

SCHILLING

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:58

0.000Air Blank 23:58

0.082Control Test 23:58

0.000Air Blank 23:59

# 1 0.180Subject Sample 00:00

1.941Breath Volume 00:00

0.000Air Blank 00:01

0.000Air Blank 00:03

# 2 0.172Subject Sample 00:04

1.671Breath Volume 00:04

0.000Air Blank 00:05

0.079Control Test 00:05

0.000Air Blank 00:06

OKDiagnostics Check 00:06

Data Download Date/Time: 01/10/2022 18:28

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:21:3012/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:55

23:05

Santa Rosa County SO

CAREY,ANDREW

02/25/2023

1283438

Santa Rosa County SO

CAREY,ANDREW,S

DESPOSITO

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:15

0.000Air Blank 00:16

0.083Control Test 00:16

0.000Air Blank 00:16

# 1 0.000Subject Sample 00:17

2.699Breath Volume 00:17

0.000Air Blank 00:17

0.000Air Blank 00:19

# 2 0.000Subject Sample 00:20

2.082Breath Volume 00:20

0.000Air Blank 00:20

0.083Control Test 00:20

0.000Air Blank 00:21

OKDiagnostics Check 00:21

Data Download Date/Time: 01/10/2022 18:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:4212/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:52

Escambia County SO

BARNETT,JAMES

02/25/2023

1283438

Escambia County SO

BARNETT,JAMES,C

TUMMLER

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.083Control Test 20:29

0.000Air Blank 20:29

# 1 0.200Subject Sample 20:30

2.843Breath Volume 20:30

0.000Air Blank 20:30

0.000Air Blank 20:32

# 2 0.208Subject Sample 20:33

2.269Breath Volume 20:33

0.000Air Blank 20:33

0.082Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 01/10/2022 18:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000751CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:29:2712/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

18:23

Escambia County SO

BARNETT,JAMES

02/25/2023

1283438

Escambia County SO

BARNETT,JAMES,C

WALKER

12/13/2021

8100.27

ESCAMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:22

0.000Air Blank 19:22

0.083Control Test 19:22

0.000Air Blank 19:23

# 1 0.185Subject Sample 19:24

1.675Breath Volume 19:24

0.000Air Blank 19:25

0.000Air Blank 19:27

# 2 0.186Subject Sample 19:27

1.808Breath Volume 19:27

0.000Air Blank 19:28

0.082Control Test 19:28

0.000Air Blank 19:29

OKDiagnostics Check 19:29

Data Download Date/Time: 01/10/2022 18:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:04:0912/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:37

01:27

Gainesville PD

STEPHENS,LIBBEE

12/05/2021

28719080A1

Gainesville PD

MARTINEZ,CHRIS,

DONOVAN

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:57

0.000Air Blank 02:57

0.080Control Test 02:58

0.000Air Blank 02:58

# 1 0.161Subject Sample 02:59

1.847Breath Volume 02:59

0.000Air Blank 03:00

0.000Air Blank 03:01

# 2 0.161Subject Sample 03:02

2.191Breath Volume 03:02

0.000Air Blank 03:03

0.079Control Test 03:03

0.000Air Blank 03:04

OKDiagnostics Check 03:04

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:11:3612/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:48

04:16

U of Fl PD

WANZENBERG,ALEXANDER

12/05/2021

28719080A1

U of Fl PD

MCMILLAN,SHIKINA,N

ROMERO

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:08

0.000Air Blank 05:09

0.080Control Test 05:09

0.000Air Blank 05:10

# 1Subject Sample 05:10 Subject Test Refused

0.000Breath Volume 05:10

0.000Air Blank 05:10

0.080Control Test 05:10

0.000Air Blank 05:11

OKDiagnostics Check 05:11

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:31:5912/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:04

03:49

Alachua County SO

WENK,ANTHONY

12/05/2021

28719080A1

Alachua County SO

WENK,ANTHONY,J

MILLER

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:24

0.000Air Blank 05:24

0.080Control Test 05:25

0.000Air Blank 05:25

# 1 0.090Subject Sample 05:27

1.859Breath Volume 05:27

0.000Air Blank 05:28

0.000Air Blank 05:29

# 2 0.086Subject Sample 05:30

1.789Breath Volume 05:30

0.000Air Blank 05:31

0.079Control Test 05:31

0.000Air Blank 05:31

OKDiagnostics Check 05:31

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:1812/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:03

21:04

Alachua County SO

WENK,ANTHONY

12/05/2021

28719080A1

Alachua County SO

WENK,ANTHONY,J

ROANE

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:30

0.079Control Test 22:30

0.000Air Blank 22:31

# 1 0.133Subject Sample 22:31

2.367Breath Volume 22:31

0.000Air Blank 22:32

0.000Air Blank 22:34

# 2 0.124Subject Sample 22:34

1.472Breath Volume 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0912/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:37

U of Fl PD

ZARATE,JESSICA

12/05/2021

28719080A1

U of Fl PD

BURGOYNE,DEVIN,A

MARTINS PACCHIELE

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:31

0.000Air Blank 04:32

0.079Control Test 04:32

0.000Air Blank 04:33

# 1 0.105Subject Sample 04:36

1.632Breath Volume 04:36

0.000Air Blank 04:37

Air Blank 04:38 Ambient Fail

0.000Air Blank 04:39

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:50:4812/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:05

03:37

U of Fl PD

ZARATE,JESSICA

12/05/2021

28719080A1

U of Fl PD

BURGOYNE,DEVIN,A

MARTINS PACCHIELE

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:44

0.078Control Test 04:44

0.000Air Blank 04:45

# 1 0.093Subject Sample 04:45

2.191Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:48

# 2 0.102Subject Sample 04:49

1.417Breath Volume 04:49

0.000Air Blank 04:49

0.079Control Test 04:50

0.000Air Blank 04:50

OKDiagnostics Check 04:50

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:07:4712/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:32

20:56

Alachua County SO

PURINGTON,PATRICK

12/05/2021

28719080A1

Alachua County SO

PURINGTON,PATRICK,A

SCHLADANT

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:00

0.000Air Blank 22:01

0.079Control Test 22:01

0.000Air Blank 22:02

# 1 0.140Subject Sample 22:03

3.687Breath Volume 22:03

0.000Air Blank 22:04

0.000Air Blank 22:05

# 2 0.134Subject Sample 22:06

2.492Breath Volume 22:06

0.000Air Blank 22:06

0.079Control Test 22:07

0.000Air Blank 22:07

OKDiagnostics Check 22:07

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:58:5812/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:22

21:26

Alachua County SO

WENK,ANTHONY

12/05/2021

28719080A1

Alachua County SO

WENK,ANTHONY,J

WENK

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:46

0.000Air Blank 22:47

0.080Control Test 22:47

0.000Air Blank 22:47

# 1 0.188Subject Sample 22:51 Volume Not Met

0.523Breath Volume 22:51

0.000Air Blank 22:52

0.000Air Blank 22:53

# 2 0.199Subject Sample 22:54

1.707Breath Volume 22:54

0.000Air Blank 22:54

0.000Air Blank 22:56

# 3 0.207Subject Sample 22:57

1.449Breath Volume 22:57

0.000Air Blank 22:58

0.079Control Test 22:58

0.000Air Blank 22:58

OKDiagnostics Check 22:58

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:21:3412/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:47

13:39

FHP Troop B

WILSON,JOSHUA

12/05/2021

28719080A1

FHP Troop B

WILSON,JOSHUA,B

SELLERS

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:18

0.000Air Blank 16:19

0.080Control Test 16:19

0.000Air Blank 16:20

# 1Subject Sample 16:20 Subject Test Refused

0.000Breath Volume 16:20

0.000Air Blank 16:20

0.080Control Test 16:20

0.000Air Blank 16:21

OKDiagnostics Check 16:21

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:00:4612/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:00

15:15

Alachua County SO

TALTON,CHARLES

12/05/2021

28719080A1

Gainesville PD

ROWE,JASON,S

KIFFER

11/22/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:49

0.000Air Blank 16:49

0.079Control Test 16:50

0.000Air Blank 16:50

# 1Subject Sample 16:53 No Sample Provided

0.000Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2Subject Sample 16:59 No Sample Provided

0.000Breath Volume 16:59

0.000Air Blank 16:59

0.078Control Test 17:00

0.000Air Blank 17:00

OKDiagnostics Check 17:00

Data Download Date/Time: 12/16/2021 10:29

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000760CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:13:2912/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:38

22:47

Alachua County SO

PURINGTON,PATRICK

11/05/2022

24620080A2

Alachua County SO

PURINGTON,PATRICK,A

KUHN

12/16/2021

8100.27

ALACHUA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:10

0.000Air Blank 00:10

0.080Control Test 00:11

0.000Air Blank 00:11

# 1Subject Sample 00:12 Subject Test Refused

0.000Breath Volume 00:12

0.000Air Blank 00:12

0.080Control Test 00:12

0.000Air Blank 00:13

OKDiagnostics Check 00:13

Data Download Date/Time: 01/20/2022 14:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:16:5712/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:50

17:55

FHP Troop A

COOK,RUSSELL

07/15/2023

1349789

FHP Troop A

COOK,RUSSELL,L

RIDDLE

12/13/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:10

0.000Air Blank 19:10

0.081Control Test 19:10

0.000Air Blank 19:11

# 1 0.215Subject Sample 19:12

3.417Breath Volume 19:12

0.000Air Blank 19:12

0.000Air Blank 19:14

# 2 0.216Subject Sample 19:15

2.414Breath Volume 19:15

0.000Air Blank 19:16

0.077Control Test 19:16

0.000Air Blank 19:16

OKDiagnostics Check 19:16

Data Download Date/Time: 01/27/2022 12:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:07:3012/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:00

21:35

Okaloosa County SO

WOHLIN,MARK

07/15/2023

1349789

Ft. Walton Beach PD

DONOVAN,CHARLES,L

YOUNG

12/13/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.082Control Test 01:00

0.000Air Blank 01:01

# 1 0.128Subject Sample 01:02

1.886Breath Volume 01:02

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.124Subject Sample 01:05

2.652Breath Volume 01:05

0.000Air Blank 01:06

0.081Control Test 01:06

0.000Air Blank 01:07

OKDiagnostics Check 01:07

Data Download Date/Time: 01/27/2022 12:55

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:34:3912/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:07

21:20

Okaloosa County SO

WOHLIN,MARK

07/15/2023

1349789

Ft. Walton Beach PD

DONOVAN,CHARLES,L

YOUNG

12/13/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:28

0.000Air Blank 01:28

0.080Control Test 01:29

0.000Air Blank 01:29

# 1 0.123Subject Sample 01:30

2.675Breath Volume 01:30

0.000Air Blank 01:30

0.000Air Blank 01:32

# 2 0.112Subject Sample 01:33

1.796Breath Volume 01:33

0.000Air Blank 01:33

0.080Control Test 01:34

0.000Air Blank 01:34

OKDiagnostics Check 01:34

Data Download Date/Time: 01/27/2022 12:56

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:55:4612/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

12:47

FHP Troop A

PALMATEER,TRACY

07/15/2023

1349789

FHP Troop A

PALMATEER,TRACY,D

XILOJ

12/13/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:49

0.000Air Blank 01:50

0.082Control Test 01:50

0.000Air Blank 01:51

# 1 0.121Subject Sample 01:51

1.851Breath Volume 01:51

0.000Air Blank 01:52

0.000Air Blank 01:53

# 2 0.116Subject Sample 01:54

1.300Breath Volume 01:54

0.000Air Blank 01:54

0.079Control Test 01:55

0.000Air Blank 01:55

OKDiagnostics Check 01:55

Data Download Date/Time: 01/27/2022 12:56

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000763CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:2312/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:59

22:17

Okaloosa County SO

LINCOLN,AUSTIN

07/15/2023

1349789

Okaloosa County SO

HAMILTON,RAY,C

MCELREATH

12/13/2021

8100.27

OKALOOSA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:20

0.000Air Blank 01:20

0.080Control Test 01:21

0.000Air Blank 01:21

# 1 0.000Subject Sample 01:22

2.941Breath Volume 01:22

0.000Air Blank 01:23

0.000Air Blank 01:25

# 2 0.000Subject Sample 01:26

2.441Breath Volume 01:26

0.000Air Blank 01:26

0.081Control Test 01:26

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 01/27/2022 12:56

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:44:0312/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:02

19:58

FHP Troop B

OGLESBY,MICHAEL

03/05/2022

04120080A1

FHP Troop B

SMITH,SHAWN,R

SMITH

11/26/2021

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:37

0.000Air Blank 20:37

0.078Control Test 20:38

0.000Air Blank 20:38

# 1 0.225Subject Sample 20:39

2.941Breath Volume 20:39

0.000Air Blank 20:40

0.000Air Blank 20:41

# 2Subject Sample 20:42 RFI Detect

1.582Breath Volume 20:42

0.000Air Blank 20:43

0.076Control Test 20:43

0.000Air Blank 20:43

OKDiagnostics Check 20:44

Data Download Date/Time: 12/30/2021 10:58

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:54:5712/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:01

19:51

FHP Troop B

OGLESBY,MICHAEL

03/05/2022

04120080A1

FHP Troop B

SMITH,SHAWN,R

SMITH

11/26/2021

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:48

0.000Air Blank 20:48

0.075Control Test 20:49

0.000Air Blank 20:49

# 1 0.219Subject Sample 20:50

2.472Breath Volume 20:50

0.000Air Blank 20:51

0.000Air Blank 20:52

# 2 0.212Subject Sample 20:53

2.238Breath Volume 20:53

0.000Air Blank 20:54

0.073Control Test 20:54 Control Outside Tolerance

0.000Air Blank 20:54

Data Download Date/Time: 12/30/2021 10:58

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:54:0212/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:27

22:14

FHP Troop B

RIEGEL,TIMOTHY

03/05/2022

04120080A1

FHP Troop B

RIEGEL,TIMOTHY,J

PATEL

11/26/2021

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:47

0.000Air Blank 22:48

0.078Control Test 22:48

0.000Air Blank 22:49

# 1 0.095Subject Sample 22:49

3.296Breath Volume 22:49

0.000Air Blank 22:50

0.000Air Blank 22:52

# 2 0.093Subject Sample 22:52

2.843Breath Volume 22:52

0.000Air Blank 22:53

0.077Control Test 22:53

0.000Air Blank 22:53

OKDiagnostics Check 22:54

Data Download Date/Time: 12/30/2021 10:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:51:2012/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:01

18:58

FHP Troop B

WATSON,DANIEL

03/05/2022

04120080A1

FHP Troop B

ONEAL,DENNIS,W

ONEAL

11/26/2021

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:44

0.000Air Blank 19:44

0.078Control Test 19:45

0.000Air Blank 19:45

# 1 0.140Subject Sample 19:46

1.996Breath Volume 19:46

0.000Air Blank 19:47

0.000Air Blank 19:49

# 2 0.134Subject Sample 19:49

2.132Breath Volume 19:49

0.000Air Blank 19:50

0.077Control Test 19:50

0.000Air Blank 19:51

OKDiagnostics Check 19:51

Data Download Date/Time: 12/30/2021 10:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000768CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:21:3912/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:45

19:30

Suwannee County SO

SMITH,JOHN

03/05/2022

04120080A1

Bay County SO

SMITH,JOHN,D

GREEN

11/26/2021

8100.27

SUWANNEE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:16

0.000Air Blank 10:16

0.078Control Test 10:16

0.000Air Blank 10:17

# 1 0.000Subject Sample 10:17

1.316Breath Volume 10:17

0.000Air Blank 10:18

0.000Air Blank 10:20

# 2Subject Sample 10:20 Subject Test Refused

0.000Breath Volume 10:20

0.000Air Blank 10:20

0.077Control Test 10:21

0.000Air Blank 10:21

OKDiagnostics Check 10:21

Data Download Date/Time: 12/30/2021 10:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:09:0612/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:40

20:19

Jasper PD

SMITH JR,LORNE

11/05/2022

24620080A3

Jasper PD

SMITH JR,LORNE,J

MCKINNEY

11/28/2021

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:02

0.000Air Blank 21:02

0.079Control Test 21:02

0.000Air Blank 21:03

# 1 0.139Subject Sample 21:04

1.234Breath Volume 21:04

0.000Air Blank 21:05

0.000Air Blank 21:06

# 2 0.137Subject Sample 21:07

2.015Breath Volume 21:07

0.000Air Blank 21:08

0.077Control Test 21:08

0.000Air Blank 21:09

OKDiagnostics Check 21:09

Data Download Date/Time: 12/30/2021 18:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:02:5612/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:39

15:49

Jasper PD

SMITH JR,LORNE

11/05/2022

24620080A3

Jasper PD

SMITH JR,LORNE,J

SIMMONS

11/28/2021

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:00

0.000Air Blank 17:00

0.079Control Test 17:00

0.000Air Blank 17:01

# 1Subject Sample 17:01 Subject Test Refused

0.000Breath Volume 17:01

0.000Air Blank 17:01

0.080Control Test 17:02

0.000Air Blank 17:02

OKDiagnostics Check 17:02

Data Download Date/Time: 12/30/2021 18:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000770CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:57:4612/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:32

22:12

Hamilton County SO

HOLTON,DEREK

11/05/2022

24620080A3

Jasper PD

CURRY,WILLIAM,C

STAGGERS

11/28/2021

8100.27

HAMILTON COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:55

0.079Control Test 22:55

0.000Air Blank 22:56

# 1Subject Sample 22:56 Subject Test Refused

0.000Breath Volume 22:56

0.000Air Blank 22:56

0.078Control Test 22:57

0.000Air Blank 22:57

OKDiagnostics Check 22:57

Data Download Date/Time: 12/30/2021 18:02

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000773CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:13:0112/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:45

01:58

Lafayette County SO

BYRD,MYLES

02/05/2023

34520080A1

Lafayette County SO

WILLIS,CLEVELAND,D

O'CONNOR

12/20/2021

8100.27

LAFAYETTE CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:06

0.000Air Blank 03:07

0.078Control Test 03:07

0.000Air Blank 03:07

# 1 0.191Subject Sample 03:08

2.101Breath Volume 03:08

0.000Air Blank 03:09

0.000Air Blank 03:10

# 2 0.191Subject Sample 03:11

3.023Breath Volume 03:11

0.000Air Blank 03:12

0.076Control Test 03:12

0.000Air Blank 03:12

OKDiagnostics Check 03:13

Data Download Date/Time: 01/12/2022 13:45

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:26:2912/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:02

17:01

Lake City PD

KERNAN,M

05/20/2024

1497672

Columbia County SO

PARISI,T,J

ARMSTRONG

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 18:19

0.000Air Blank 18:20

0.080Control Test 18:20

0.000Air Blank 18:20

# 1 0.255Subject Sample 18:21

3.808Breath Volume 18:21

0.000Air Blank 18:22

0.000Air Blank 18:23

# 2 0.243Subject Sample 18:24

3.976Breath Volume 18:24

0.000Air Blank 18:25

0.077Control Test 18:25

Air Blank 18:26 RFI Detect

0.000Air Blank 18:26

Data Download Date/Time: 12/20/2021 15:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:0912/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:47

22:02

Columbia County SO

GUERRY,CHAD

05/20/2024

1497672

Columbia County SO

COLE,DANDRA,M

SANCHEZ-AVILEZ

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.080Control Test 23:08

0.000Air Blank 23:09

# 1 0.192Subject Sample 23:09

2.054Breath Volume 23:09

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.174Subject Sample 23:13

1.656Breath Volume 23:13

0.000Air Blank 23:14

0.078Control Test 23:14

0.000Air Blank 23:15

OKDiagnostics Check 23:15

Data Download Date/Time: 12/20/2021 15:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:45:2712/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:16

18:10

Lake City PD

KERNAN,M

05/20/2024

1497672

Columbia County SO

PARISI,T,J

MAGANA

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:42

0.000Air Blank 20:42

0.080Control Test 20:43

0.000Air Blank 20:43

# 1Subject Sample 20:44 Subject Test Refused

0.000Breath Volume 20:44

0.000Air Blank 20:44

0.080Control Test 20:44

0.000Air Blank 20:45

OKDiagnostics Check 20:45

Data Download Date/Time: 12/20/2021 15:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:0512/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:40

02:29

Columbia County SO

STEPHENS,MAURICE

05/20/2024

1497672

Columbia County SO

COLE,DANDRA,M

BECKLEY

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:00

0.000Air Blank 03:01

0.080Control Test 03:01

0.000Air Blank 03:01

# 1 0.007Subject Sample 03:05 Volume Not Met

0.222Breath Volume 03:05

0.000Air Blank 03:05

0.000Air Blank 03:07

# 2Subject Sample 03:07 Subject Test Refused

0.000Breath Volume 03:07

0.000Air Blank 03:08

0.077Control Test 03:08

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:08:0312/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:08

Columbia County SO

STEPHENS,MAURICE

05/20/2024

1497672

Columbia County SO

COLE,DANDRA,M

BRASWELL

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:00

0.000Air Blank 04:00

0.080Control Test 04:01

0.000Air Blank 04:01

# 1 0.107Subject Sample 04:03

1.535Breath Volume 04:03

0.000Air Blank 04:03

0.000Air Blank 04:05

# 2 0.095Subject Sample 04:06

1.238Breath Volume 04:06

0.000Air Blank 04:07

0.078Control Test 04:07

0.000Air Blank 04:07

OKDiagnostics Check 04:08

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:41:1412/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:10

06:45

FHP Troop B

SINGLETARY,MATHEW

05/20/2024

1497672

FHP Troop B

SINGLETARY,MATHEW,C

WILLIAMS

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:38

0.000Air Blank 07:38

0.080Control Test 07:39

0.000Air Blank 07:39

# 1Subject Sample 07:39 Subject Test Refused

0.000Breath Volume 07:39

0.000Air Blank 07:40

0.081Control Test 07:40

0.000Air Blank 07:41

OKDiagnostics Check 07:41

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:11:0412/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:43

23:15

Columbia County SO

THOMAS,JOEL

05/20/2024

1497672

Columbia County SO

LORTON,CORNELIUS,Q

KOON

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:04

0.000Air Blank 00:04

0.080Control Test 00:04

0.000Air Blank 00:05

# 1 0.112Subject Sample 00:06

1.164Breath Volume 00:06

0.000Air Blank 00:07

0.000Air Blank 00:08

# 2 0.109Subject Sample 00:09

1.660Breath Volume 00:09

0.000Air Blank 00:10

0.078Control Test 00:10

0.000Air Blank 00:10

OKDiagnostics Check 00:11

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:35:0412/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:59

22:49

FHP Troop B

RIEGEL,TIMOTHY

05/20/2024

1497672

FHP Troop B

RIEGEL,TIMOTHY,J

LIAN

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:19

0.000Air Blank 00:19

0.079Control Test 00:20

0.000Air Blank 00:20

# 1 0.159Subject Sample 00:23 Volume Not Met

0.457Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.157Subject Sample 00:27

1.136Breath Volume 00:27

0.000Air Blank 00:28

0.000Air Blank 00:30

# 3 0.153Subject Sample 00:33 Volume Not Met

0.097Breath Volume 00:33

0.000Air Blank 00:34

0.075Control Test 00:34

0.000Air Blank 00:34

OKDiagnostics Check 00:35

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

07:29:2612/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

07:02

06:50

Columbia County SO

KERNAN,MITCHELL

05/20/2024

1497672

Columbia County SO

CLAY,DARREL,E

WILLIAMS

11/18/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 07:22

0.000Air Blank 07:23

0.080Control Test 07:23

0.000Air Blank 07:24

# 1 0.160Subject Sample 07:24

2.148Breath Volume 07:24

0.000Air Blank 07:25

0.000Air Blank 07:27

# 2 0.160Subject Sample 07:27

2.406Breath Volume 07:27

0.000Air Blank 07:28

0.078Control Test 07:28

0.000Air Blank 07:29

OKDiagnostics Check 07:29

Data Download Date/Time: 12/20/2021 15:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:18:0412/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:50

02:29

Columbia County SO

GUERRY,CHAD

05/20/2024

1497672

Columbia County SO

LORTON,CORNELIUS,Q

MORRIS

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:11

0.000Air Blank 03:11

0.081Control Test 03:12

0.000Air Blank 03:12

# 1 0.152Subject Sample 03:13

2.605Breath Volume 03:13

0.000Air Blank 03:14

0.000Air Blank 03:15

# 2 0.145Subject Sample 03:16

2.554Breath Volume 03:16

0.000Air Blank 03:17

0.080Control Test 03:17

0.000Air Blank 03:17

OKDiagnostics Check 03:18

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:01:5312/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

02:30

FHP Troop B

RIEGEL,TIMOTHY

05/20/2024

1497672

FHP Troop B

RIEGEL,TIMOTHY,J

CREWS

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.081Control Test 04:56

0.000Air Blank 04:56

# 1 0.000Subject Sample 04:57

1.140Breath Volume 04:57

0.000Air Blank 04:58

0.000Air Blank 05:00

# 2 0.000Subject Sample 05:00

1.316Breath Volume 05:00

0.000Air Blank 05:00

0.080Control Test 05:01

0.000Air Blank 05:01

OKDiagnostics Check 05:01

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:0512/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

12:46

Columbia County SO

LORTON,CORNELIUS

05/20/2024

1497672

Columbia County SO

LORTON,CORNELIUS,Q

GRAISON

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.079Control Test 01:34

0.000Air Blank 01:35

# 1 0.281Subject Sample 01:36

2.429Breath Volume 01:36

0.000Air Blank 01:37

0.000Air Blank 01:39

# 2 0.263Subject Sample 01:40

1.726Breath Volume 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:28:2612/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:30

23:30

Lake City PD

POTEAT,RICHARD

05/20/2024

1497672

Lake City PD

POTEAT,RICHARD,W

GIBSON

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:22

0.079Control Test 00:22

0.000Air Blank 00:22

# 1 0.173Subject Sample 00:23

3.480Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.180Subject Sample 00:26

1.839Breath Volume 00:26

0.000Air Blank 00:27

0.077Control Test 00:27

0.000Air Blank 00:28

OKDiagnostics Check 00:28

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:27:0112/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:56

20:17

FHP Troop B

PITTMAN,BRETT

05/20/2024

1497672

FHP Troop B

PITTMAN,BRETT,T

MORETON

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:20

0.000Air Blank 21:20

0.081Control Test 21:21

0.000Air Blank 21:21

# 1 0.035Subject Sample 21:22

2.093Breath Volume 21:22

0.000Air Blank 21:22

0.000Air Blank 21:24

# 2 0.035Subject Sample 21:25

3.570Breath Volume 21:25

0.000Air Blank 21:26

0.080Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:27

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000775CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:34:0912/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:45

15:32

FHP Troop B

SINGLETARY,MATHEW

05/20/2024

1497672

FHP Troop B

SINGLETARY,MATHEW,C

CROMWELL

12/20/2021

8100.27

COLUMBIA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:28

0.000Air Blank 16:28

0.080Control Test 16:28

0.000Air Blank 16:29

# 1 0.000Subject Sample 16:29

1.472Breath Volume 16:29

0.000Air Blank 16:30

0.000Air Blank 16:32

# 2 0.000Subject Sample 16:32

1.164Breath Volume 16:32

0.000Air Blank 16:33

0.080Control Test 16:33

0.000Air Blank 16:34

OKDiagnostics Check 16:34

Data Download Date/Time: 01/21/2022 18:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:55:0912/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:28

15:39

FHP Troop A

DEW,REECE

01/15/2022

1076482

FHP Troop A

DEW,REECE,K

BEAL

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:48

0.000Air Blank 16:49

0.081Control Test 16:49

0.000Air Blank 16:50

# 1 0.000Subject Sample 16:50

2.906Breath Volume 16:50

0.000Air Blank 16:51

0.000Air Blank 16:53

# 2 0.000Subject Sample 16:53

2.050Breath Volume 16:53

0.000Air Blank 16:54

0.082Control Test 16:54

0.000Air Blank 16:55

OKDiagnostics Check 16:55

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:43:0612/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

21:03

FHP Troop A

LEWIS,TIMOTHY

01/15/2022

1076482

FHP Troop A

LEWIS,TIMOTHY,B

GRIFFIN

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:36

0.000Air Blank 21:37

0.082Control Test 21:37

0.000Air Blank 21:38

# 1 0.161Subject Sample 21:38

2.105Breath Volume 21:38

0.000Air Blank 21:39

0.000Air Blank 21:40

# 2 0.154Subject Sample 21:41

1.824Breath Volume 21:41

0.000Air Blank 21:42

0.080Control Test 21:42

0.000Air Blank 21:43

OKDiagnostics Check 21:43

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:21:1012/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:50

18:34

FHP Troop A

ROSE,JUSTIN

01/15/2022

1076482

FHP Troop A

ROSE,JUSTIN,T

MCNEIL

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:14

0.000Air Blank 20:14

0.080Control Test 20:15

0.000Air Blank 20:15

# 1 0.303Subject Sample 20:16

2.875Breath Volume 20:16

0.000Air Blank 20:17

0.000Air Blank 20:18

# 2 0.294Subject Sample 20:19

2.878Breath Volume 20:19

0.000Air Blank 20:20

0.078Control Test 20:20

0.000Air Blank 20:21

OKDiagnostics Check 20:21

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:5512/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:06

03:41

FHP Troop A

YASUDA,SHOHEI

01/15/2022

1076482

FHP Troop A

YASUDA,SHOHEI,

BERTRAND

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.081Control Test 04:27

0.000Air Blank 04:28

# 1 0.086Subject Sample 04:31

2.675Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:33

# 2 0.075Subject Sample 04:34

2.007Breath Volume 04:34

0.000Air Blank 04:34

0.078Control Test 04:35

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:16:0912/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:52

03:14

FHP Troop A

YASUDA,SHOHEI

01/15/2022

1076482

FHP Troop A

YASUDA,SHOHEI,

JONES

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Male

OKDiagnostics Check 04:13

0.000Air Blank 04:13

0.081Control Test 04:14

0.000Air Blank 04:14

# 1Subject Sample 04:14 Subject Test Refused

0.000Breath Volume 04:14

0.000Air Blank 04:15

0.081Control Test 04:15

0.000Air Blank 04:16

OKDiagnostics Check 04:16

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:32:4312/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:05

21:02

FHP Troop A

GUSTER,CORY

01/15/2022

1076482

FHP Troop A

GUSTER,CORY,J

ADAMS

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:26

0.000Air Blank 21:26

0.081Control Test 21:26

0.000Air Blank 21:27

# 1 0.184Subject Sample 21:27

3.957Breath Volume 21:27

0.000Air Blank 21:28

0.000Air Blank 21:30

# 2 0.182Subject Sample 21:30

3.839Breath Volume 21:30

0.000Air Blank 21:31

0.078Control Test 21:32

0.000Air Blank 21:32

OKDiagnostics Check 21:32

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000784CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:27:4712/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:00

00:25

FHP Troop A

ACKER,AARON

01/15/2022

1076482

FHP Troop A

ACKER,AARON,M

WESTBROOK

12/03/2021

8100.27

FL HIGHWAY PATROL

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:21

0.000Air Blank 01:21

0.082Control Test 01:21

0.000Air Blank 01:22

# 1 0.174Subject Sample 01:23

2.050Breath Volume 01:23

0.000Air Blank 01:24

0.000Air Blank 01:25

# 2 0.172Subject Sample 01:25

1.105Breath Volume 01:25

0.000Air Blank 01:26

0.077Control Test 01:27

0.000Air Blank 01:27

OKDiagnostics Check 01:27

Data Download Date/Time: 01/04/2022 14:50

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000787CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

14:25:5312/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

13:59

12:36

Gulf Breeze PD

WATSON,C

08/03/2023

1356262

OTHER Fed

YOUNGREN,DENNIS,A

WALLEN

12/18/2021

8100.27

GULF BREEZE PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 14:19

0.000Air Blank 14:19

0.076Control Test 14:20

0.000Air Blank 14:20

# 1 0.245Subject Sample 14:21

2.464Breath Volume 14:21

0.000Air Blank 14:21

0.000Air Blank 14:23

# 2 0.245Subject Sample 14:24

1.984Breath Volume 14:24

0.000Air Blank 14:24

0.078Control Test 14:25

0.000Air Blank 14:25

OKDiagnostics Check 14:25

Data Download Date/Time: 01/02/2022 09:32

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:3412/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:18

St. Lucie County SO

DRAWDY,LAINE

03/05/2023

02021080A1

St. Lucie County SO

DRAWDY,LAINE,A

SANDERS

12/22/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

# 1 0.238Subject Sample 20:15

1.917Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.236Subject Sample 20:19

2.285Breath Volume 20:19

0.000Air Blank 20:19

0.079Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 01/26/2022 15:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:57:3012/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

20:35

St. Lucie County SO

DRAWDY,LAINE

03/05/2023

02021080A1

St. Lucie County SO

DRAWDY,LAINE,A

MASON

12/22/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:50

0.000Air Blank 21:51

0.080Control Test 21:51

0.000Air Blank 21:52

# 1 0.299Subject Sample 21:52

2.660Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2 0.292Subject Sample 21:55

1.824Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:57

OKDiagnostics Check 21:57

Data Download Date/Time: 01/26/2022 15:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:07:2612/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

14:36

14:22

St. Lucie County SO

LIMB,HUNTER

03/05/2023

02021080A1

St. Lucie County SO

LIMB,HUNTER,

VAN SCHAICK

12/22/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:01

0.000Air Blank 15:01

0.079Control Test 15:01

0.000Air Blank 15:02

# 1 0.264Subject Sample 15:02

4.078Breath Volume 15:02

0.000Air Blank 15:03

0.000Air Blank 15:05

# 2 0.264Subject Sample 15:05

3.535Breath Volume 15:05

0.000Air Blank 15:06

0.079Control Test 15:06

0.000Air Blank 15:07

OKDiagnostics Check 15:07

Data Download Date/Time: 01/26/2022 15:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000792CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:28:0012/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:00

02:09

Fort Pierce PD

MAZZIO,RICHARD

03/05/2023

02021080A1

Port St. Lucie PD

ANTON,NICHOLAS,A

MUJANOVIC

12/22/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:21

0.000Air Blank 03:22

0.080Control Test 03:22

0.000Air Blank 03:23

# 1 0.175Subject Sample 03:23

3.093Breath Volume 03:23

0.000Air Blank 03:24

0.000Air Blank 03:26

# 2 0.176Subject Sample 03:26

2.210Breath Volume 03:26

0.000Air Blank 03:27

0.080Control Test 03:27

0.000Air Blank 03:27

OKDiagnostics Check 03:28

Data Download Date/Time: 01/26/2022 15:19

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:0812/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:12

03:37

St. Lucie County SO

MARINO,AMBER

04/05/2023

06021080A3

St. Lucie County SO

DRAWDY,LAINE,A

GOMEZ TARAX

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:32

0.000Air Blank 04:32

0.080Control Test 04:33

0.000Air Blank 04:33

# 1 0.234Subject Sample 04:34

1.496Breath Volume 04:34

0.000Air Blank 04:35

0.000Air Blank 04:36

# 2 0.234Subject Sample 04:37

2.691Breath Volume 04:37

0.000Air Blank 04:38

0.080Control Test 04:38

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:44:4912/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:13

23:36

St. Lucie County SO

MARINO,A

04/05/2023

06021080A3

St. Lucie County SO

DRAWDY,LAINE,A

HODGSON

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:38

0.000Air Blank 00:38

0.081Control Test 00:39

0.000Air Blank 00:39

# 1 0.000Subject Sample 00:40

3.554Breath Volume 00:40

0.000Air Blank 00:40

0.000Air Blank 00:42

# 2 0.000Subject Sample 00:43

3.375Breath Volume 00:43

0.000Air Blank 00:43

0.080Control Test 00:44

0.000Air Blank 00:44

OKDiagnostics Check 00:44

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:49:3812/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:17

18:38

St. Lucie County SO

HAYFORD,GREGG

04/05/2023

06021080A3

St. Lucie County SO

HAYFORD,GREGG,R

DESBERG

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:43

0.000Air Blank 19:43

0.080Control Test 19:44

0.000Air Blank 19:44

# 1 0.000Subject Sample 19:45

2.652Breath Volume 19:45

0.000Air Blank 19:45

0.000Air Blank 19:47

# 2 0.000Subject Sample 19:48

2.585Breath Volume 19:48

0.000Air Blank 19:48

0.080Control Test 19:49

0.000Air Blank 19:49

OKDiagnostics Check 19:49

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:01:0312/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:34

14:40

FHP Troop L

BROWN,CODY

04/05/2023

06021080A3

FHP Troop L

ACOSTA,ADAEL,

DELAPAZ

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 15:54

0.000Air Blank 15:55

0.080Control Test 15:55

0.000Air Blank 15:55

# 1 0.000Subject Sample 15:56

2.515Breath Volume 15:56

0.000Air Blank 15:57

0.000Air Blank 15:59

# 2 0.000Subject Sample 15:59

2.703Breath Volume 15:59

0.000Air Blank 16:00

0.079Control Test 16:00

0.000Air Blank 16:00

OKDiagnostics Check 16:01

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:26:5112/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:00

01:11

St. Lucie County SO

MOCERINO,KRISTIAN

04/05/2023

06021080A3

St. Lucie County SO

HALL,RICHARD,D

ZEMBKO

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:20

0.000Air Blank 02:20

0.080Control Test 02:21

0.000Air Blank 02:21

# 1 0.143Subject Sample 02:22

2.757Breath Volume 02:22

0.000Air Blank 02:23

0.000Air Blank 02:25

# 2 0.137Subject Sample 02:25

1.839Breath Volume 02:25

0.000Air Blank 02:25

0.079Control Test 02:26

0.000Air Blank 02:26

OKDiagnostics Check 02:26

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000794CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:04:1012/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:57

19:57

St. Lucie County SO

FEMMINELLO,DANIEL

04/05/2023

06021080A3

Fort Pierce PD

KIRCHNER,MATTHEW,J

VERSEY

11/12/2021

8100.27

ST LUCIE COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:57

0.000Air Blank 20:58

0.080Control Test 20:58

0.000Air Blank 20:59

# 1 0.155Subject Sample 20:59

1.593Breath Volume 20:59

0.000Air Blank 21:00

0.000Air Blank 21:02

# 2 0.166Subject Sample 21:02

1.929Breath Volume 21:02

0.000Air Blank 21:03

0.079Control Test 21:03

0.000Air Blank 21:04

OKDiagnostics Check 21:04

Data Download Date/Time: 12/22/2021 09:26

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000795CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:47:1112/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:15

02:50

FFWCC (Panama City)

GERBER,OLIVER

02/05/2023

00521080A2

FFWCC (Panama City)

GERBER,OLIVER,B

HANEY

11/17/2021

8100.27

GULF COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:41

0.000Air Blank 03:41

0.079Control Test 03:41

0.000Air Blank 03:42

# 1 0.250Subject Sample 03:42

3.941Breath Volume 03:42

0.000Air Blank 03:43

0.000Air Blank 03:45

# 2 0.246Subject Sample 03:45

4.523Breath Volume 03:45

0.000Air Blank 03:46

0.079Control Test 03:46

0.000Air Blank 03:47

OKDiagnostics Check 03:47

Data Download Date/Time: 12/16/2021 07:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:19:2912/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:28

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MONTGOMERY,ALECIA,L

MOODY

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:12

0.000Air Blank 04:13

0.081Control Test 04:13

0.000Air Blank 04:13

# 1 0.087Subject Sample 04:14

1.437Breath Volume 04:14

0.000Air Blank 04:15

0.000Air Blank 04:17

# 2 0.090Subject Sample 04:17

2.925Breath Volume 04:17

0.000Air Blank 04:18

0.079Control Test 04:18

0.000Air Blank 04:19

OKDiagnostics Check 04:19

Data Download Date/Time: 12/09/2021 11:58

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:51:3412/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

05:23

04:26

Hillsborough Co SO

WINTER,C

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

GONZALEZ

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:45

0.000Air Blank 05:45

0.081Control Test 05:45

0.000Air Blank 05:46

# 1 0.107Subject Sample 05:46

2.789Breath Volume 05:46

0.000Air Blank 05:47

0.000Air Blank 05:49

# 2 0.106Subject Sample 05:50

3.472Breath Volume 05:50

0.000Air Blank 05:50

0.080Control Test 05:50

0.000Air Blank 05:51

OKDiagnostics Check 05:51

Data Download Date/Time: 12/09/2021 11:58

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:34:0412/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:06

23:04

Hillsborough Co SO

WINTER,C

04/05/2023

06021080A2

FHP Troop C

MASON,FRANCESCA,M

MARTINEZ GARCIA

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:27

0.000Air Blank 00:27

0.081Control Test 00:28

0.000Air Blank 00:28

# 1 0.111Subject Sample 00:29

1.476Breath Volume 00:29

0.000Air Blank 00:30

0.000Air Blank 00:32

# 2 0.106Subject Sample 00:32

1.222Breath Volume 00:32

0.000Air Blank 00:33

0.080Control Test 00:33

0.000Air Blank 00:33

OKDiagnostics Check 00:34

Data Download Date/Time: 12/09/2021 11:58

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:4912/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:14

21:44

Hillsborough Co SO

SNAGGS,S

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

TAQUE

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:35

# 1Subject Sample 22:36 Subject Test Refused

0.000Breath Volume 22:36

0.000Air Blank 22:36

0.079Control Test 22:37

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 12/09/2021 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:40:3112/08/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:13

00:09

Hillsborough Co SO

BADEN,T

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

RODRIGUEZ ARCE

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:33

0.000Air Blank 01:34

0.080Control Test 01:34

0.000Air Blank 01:35

# 1 0.000Subject Sample 01:36

2.378Breath Volume 01:36

0.000Air Blank 01:36

0.000Air Blank 01:38

# 2 0.000Subject Sample 01:39

1.640Breath Volume 01:39

0.000Air Blank 01:39

0.080Control Test 01:39

0.000Air Blank 01:40

OKDiagnostics Check 01:40

Data Download Date/Time: 12/09/2021 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:53:5112/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:30

02:01

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

KNOX,STEPHANIE,R

SUAREZ

11/04/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:50

0.000Air Blank 02:50

0.080Control Test 02:51

0.000Air Blank 02:51

# 1Subject Sample 02:52 Subject Test Refused

0.000Breath Volume 02:52

0.000Air Blank 02:52

0.079Control Test 02:53

0.000Air Blank 02:53

OKDiagnostics Check 02:53

Data Download Date/Time: 12/09/2021 11:59

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:18:5312/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:51

00:01

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

CLARKE

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:11

0.000Air Blank 01:12

0.080Control Test 01:12

0.000Air Blank 01:13

# 1 0.109Subject Sample 01:14

1.414Breath Volume 01:14

0.000Air Blank 01:15

0.000Air Blank 01:16

# 2 0.109Subject Sample 01:17

1.546Breath Volume 01:17

0.000Air Blank 01:17

0.080Control Test 01:18

0.000Air Blank 01:18

OKDiagnostics Check 01:18

Data Download Date/Time: 01/06/2022 11:49

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:36:3012/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:26

Hillsborough Co SO

BAAR,J

04/05/2023

06021080A2

Tampa PD

MASON,FRANCESCA,M

GRAFFAM

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:24

0.000Air Blank 02:25

0.080Control Test 02:25

0.000Air Blank 02:26

# 1 0.111Subject Sample 02:29 Volume Not Met

0.070Breath Volume 02:29

0.000Air Blank 02:29

0.000Air Blank 02:31

# 2 0.090Subject Sample 02:34 Volume Not Met

0.414Breath Volume 02:34

0.000Air Blank 02:35

0.080Control Test 02:35

0.000Air Blank 02:36

OKDiagnostics Check 02:36

Data Download Date/Time: 01/06/2022 11:49

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000808CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:59:1012/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

03:04

Hillsborough Co SO

LANDRY,G

04/05/2023

06021080A2

Tampa PD

GREENLEE,NANCY,J

BASULTO BEBERT

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:52

0.000Air Blank 03:52

0.079Control Test 03:53

0.000Air Blank 03:53

# 1 0.163Subject Sample 03:54

2.175Breath Volume 03:54

0.000Air Blank 03:55

0.000Air Blank 03:57

# 2 0.159Subject Sample 03:57

1.636Breath Volume 03:57

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

OKDiagnostics Check 03:59

Data Download Date/Time: 01/06/2022 11:49

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:41:4612/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:10

11:32

Perry PD

SMITH,MATTHEW

03/05/2022

04120080A1

Perry PD

SMITH,MATTHEW,M

PUTNEL

12/20/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:35

0.000Air Blank 12:36

0.079Control Test 12:36

0.000Air Blank 12:37

# 1 0.000Subject Sample 12:37

2.593Breath Volume 12:37

0.000Air Blank 12:38

0.000Air Blank 12:40

# 2 0.000Subject Sample 12:40

2.203Breath Volume 12:40

0.000Air Blank 12:40

0.077Control Test 12:41

0.000Air Blank 12:41

OKDiagnostics Check 12:41

Data Download Date/Time: 01/27/2022 12:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000811CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:50:2612/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

12:13

12:00

Perry PD

SMITH,MATTHEW

03/05/2022

04120080A1

Perry PD

SMITH,MATTHEW,M

MITCHELL

12/20/2021

8100.27

PERRY POLICE DEPT

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 12:44

0.000Air Blank 12:44

0.078Control Test 12:45

0.000Air Blank 12:45

# 1 0.000Subject Sample 12:46

3.312Breath Volume 12:46

0.000Air Blank 12:46

0.000Air Blank 12:48

# 2 0.000Subject Sample 12:49

3.507Breath Volume 12:49

0.000Air Blank 12:49

0.078Control Test 12:49

0.000Air Blank 12:50

OKDiagnostics Check 12:50

Data Download Date/Time: 01/27/2022 12:54

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:21:2812/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:45

04:06

Marion County SO

GALLER,JESSICA

10/07/2024

402204068

Marion County SO

GALLER,JESSICA,G

MCCOY

11/04/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:15

0.000Air Blank 04:16

0.081Control Test 04:16

0.000Air Blank 04:17

# 1 0.242Subject Sample 04:20

1.839Breath Volume 04:20

Air Blank 04:20 Purge Fail

0.000Air Blank 04:21

Data Download Date/Time: 12/09/2021 11:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000813CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:29:2112/01/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:46

04:06

Marion County SO

GALLER,JESSICA

10/07/2024

402204068

Marion County SO

GALLER,JESSICA,G

MCCOY

11/04/2021

8100.27

MARION COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:22

0.000Air Blank 04:23

0.078Control Test 04:23

0.000Air Blank 04:24

# 1 0.221Subject Sample 04:24

1.832Breath Volume 04:24

0.000Air Blank 04:25

0.000Air Blank 04:27

# 2 0.216Subject Sample 04:27

1.484Breath Volume 04:27

0.000Air Blank 04:28

0.080Control Test 04:28

0.000Air Blank 04:29

OKDiagnostics Check 04:29

Data Download Date/Time: 12/09/2021 11:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:44:0012/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

01:20

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

DIAZ

11/18/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.079Control Test 01:41

0.000Air Blank 01:42

# 1Subject Sample 01:42 Subject Test Refused

0.000Breath Volume 01:42

0.000Air Blank 01:43

0.079Control Test 01:43

Air Blank 01:43 RFI Detect

0.000Air Blank 01:44

Data Download Date/Time: 12/04/2021 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:5712/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:01

02:10

Hernando County SO

MEISSNER,Z

04/05/2023

06021080A2

Hernando County SO

PODRAZA,BRIAN,R

MORIN

11/18/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:22

0.000Air Blank 03:22

0.080Control Test 03:23

0.000Air Blank 03:23

# 1Subject Sample 03:26 No Sample Provided

0.000Breath Volume 03:26

0.000Air Blank 03:27

0.000Air Blank 03:29

# 2 0.183Subject Sample 03:32 Volume Not Met

0.140Breath Volume 03:32

0.000Air Blank 03:33

0.079Control Test 03:33

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/04/2021 11:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:43:5912/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:15

21:55

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

QUINN

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:36

0.000Air Blank 22:37

0.079Control Test 22:37

0.000Air Blank 22:38

# 1 0.175Subject Sample 22:38

2.359Breath Volume 22:38

0.000Air Blank 22:39

0.000Air Blank 22:41

# 2 0.175Subject Sample 22:42

2.152Breath Volume 22:42

0.000Air Blank 22:43

0.079Control Test 22:43

0.000Air Blank 22:43

OKDiagnostics Check 22:43

Data Download Date/Time: 01/14/2022 15:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:05:4012/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:37

23:32

FHP Troop C

RAMOS,D

04/05/2023

06021080A2

FHP Troop C

PODRAZA,BRIAN,R

ALBERTS

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:58

0.000Air Blank 03:58

0.080Control Test 03:58

0.000Air Blank 03:59

# 1 0.113Subject Sample 04:00

1.765Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.118Subject Sample 04:04

1.570Breath Volume 04:04

0.000Air Blank 04:04

0.078Control Test 04:05

0.000Air Blank 04:05

OKDiagnostics Check 04:05

Data Download Date/Time: 01/14/2022 15:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:15:0012/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:48

22:25

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

MORTON

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:08

0.000Air Blank 23:08

0.079Control Test 23:09

0.000Air Blank 23:09

# 1 0.202Subject Sample 23:10

1.617Breath Volume 23:10

0.000Air Blank 23:10

0.000Air Blank 23:12

# 2 0.213Subject Sample 23:13

1.218Breath Volume 23:13

0.000Air Blank 23:14

0.079Control Test 23:14

0.000Air Blank 23:14

OKDiagnostics Check 23:15

Data Download Date/Time: 01/14/2022 15:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:47:3912/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:20

21:57

FHP Troop C

PETERS,JOHN

04/05/2023

06021080A2

FHP Troop C

PETERS,JOHN,B

SMITH

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:41

0.000Air Blank 22:41

0.079Control Test 22:42

0.000Air Blank 22:42

# 1 0.000Subject Sample 22:43

2.460Breath Volume 22:43

0.000Air Blank 22:43

0.000Air Blank 22:45

# 2 0.000Subject Sample 22:46

1.460Breath Volume 22:46

0.000Air Blank 22:46

0.079Control Test 22:47

0.000Air Blank 22:47

OKDiagnostics Check 22:47

Data Download Date/Time: 01/14/2022 15:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:06:2412/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

23:45

Hernando County SO

WHITAKER,G

04/05/2023

06021080A2

Hernando County SO

RODRIGUEZ,FRANCESCA,M

FORTE

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:00

0.000Air Blank 01:00

0.079Control Test 01:01

0.000Air Blank 01:01

# 1 0.264Subject Sample 01:01

1.535Breath Volume 01:01

0.000Air Blank 01:02

0.000Air Blank 01:04

# 2 0.249Subject Sample 01:04

1.457Breath Volume 01:04

0.000Air Blank 01:05

0.078Control Test 01:05

0.000Air Blank 01:06

OKDiagnostics Check 01:06

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:0312/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:05

17:34

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

ROACH

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:25

0.000Air Blank 18:26

0.080Control Test 18:26

0.000Air Blank 18:27

# 1 0.011Subject Sample 18:27

1.812Breath Volume 18:27

0.000Air Blank 18:28

0.000Air Blank 18:30

# 2 0.007Subject Sample 18:31

1.941Breath Volume 18:31

0.000Air Blank 18:32

0.080Control Test 18:32

0.000Air Blank 18:32

OKDiagnostics Check 18:33

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:58:2112/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:30

17:24

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

KEELIN

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 21:51

0.000Air Blank 21:52

0.079Control Test 21:52

0.000Air Blank 21:53

# 1 0.000Subject Sample 21:54

2.097Breath Volume 21:54

0.000Air Blank 21:54

0.000Air Blank 21:56

# 2 0.000Subject Sample 21:56

1.253Breath Volume 21:56

0.000Air Blank 21:57

0.079Control Test 21:57

0.000Air Blank 21:58

OKDiagnostics Check 21:58

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:47:5612/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:21

14:31

Hernando County SO

MOONEY,JAMES

04/05/2023

06021080A2

Hernando County SO

MOONEY,J,W

MONTMARQUET

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 15:41

0.000Air Blank 15:42

0.079Control Test 15:42

0.000Air Blank 15:42

# 1 0.178Subject Sample 15:43

1.507Breath Volume 15:43

0.000Air Blank 15:44

0.000Air Blank 15:46

# 2Subject Sample 15:46 RFI Detect

0.000Breath Volume 15:46

0.000Air Blank 15:47

0.079Control Test 15:47

0.000Air Blank 15:47

OKDiagnostics Check 15:47

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

15:57:4912/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:20

14:32

Hernando County SO

MOONEY,JAMES

04/05/2023

06021080A2

Hernando County SO

MOONEY,JAMES,W

MONTMARQUET

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 15:51

0.000Air Blank 15:51

0.079Control Test 15:52

0.000Air Blank 15:52

# 1 0.178Subject Sample 15:53

1.179Breath Volume 15:53

0.000Air Blank 15:53

0.000Air Blank 15:55

# 2 0.178Subject Sample 15:56

1.339Breath Volume 15:56

0.000Air Blank 15:56

0.079Control Test 15:57

0.000Air Blank 15:57

OKDiagnostics Check 15:57

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:53:0212/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:30

13:57

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

SECKER

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:50

0.000Air Blank 16:50

0.079Control Test 16:50

0.000Air Blank 16:51

# 1Subject Sample 16:51 Subject Test Refused

0.000Breath Volume 16:51

0.000Air Blank 16:52

0.080Control Test 16:52

0.000Air Blank 16:52

OKDiagnostics Check 16:53

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:29:0712/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:53

19:25

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

RODRIGUEZ

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:14

0.079Control Test 20:14

0.000Air Blank 20:15

# 1 0.291Subject Sample 20:18 Volume Not Met

0.957Breath Volume 20:18

0.000Air Blank 20:19

0.000Air Blank 20:20

# 2 0.267Subject Sample 20:23

2.171Breath Volume 20:23

0.000Air Blank 20:24

0.000Air Blank 20:26

# 3 0.271Subject Sample 20:27

1.386Breath Volume 20:27

0.000Air Blank 20:28

0.075Control Test 20:28

0.000Air Blank 20:29

OKDiagnostics Check 20:29

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000814CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:5112/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:31

Hernando County SO

CALDWELL,JOSHUA

04/05/2023

06021080A2

Hernando County SO

CALDWELL,JOSHUA,M

PARE

12/04/2021

8100.27

HERNANDO COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:11

0.078Control Test 20:12

0.000Air Blank 20:12

# 1 0.166Subject Sample 20:13

1.332Breath Volume 20:13

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.162Subject Sample 20:16

2.375Breath Volume 20:16

0.000Air Blank 20:16

0.077Control Test 20:17

0.000Air Blank 20:17

OKDiagnostics Check 20:17

Data Download Date/Time: 01/14/2022 15:17

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:1012/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:01

22:29

Sumter County SO

HARTMAN,HANS

06/05/2023

11821080A2

Sumter County SO

GAVIN,DEMERIS,P

TAYLOR

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:21

0.000Air Blank 23:21

0.080Control Test 23:22

0.000Air Blank 23:22

# 1Subject Sample 23:22 Subject Test Refused

0.000Breath Volume 23:22

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

10:33:5812/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:06

09:13

Sumter County SO

TEMPLIN,R

06/05/2023

11821080A2

FHP Troop C

CAUDLE,PAUL,A

ARNOLD

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

Yes

Female

OKDiagnostics Check 10:26

0.000Air Blank 10:27

0.077Control Test 10:27

0.000Air Blank 10:28

# 1 0.306Subject Sample 10:28

2.332Breath Volume 10:28

0.000Air Blank 10:29

0.000Air Blank 10:31

# 2 0.305Subject Sample 10:32

1.324Breath Volume 10:32

0.000Air Blank 10:33

0.077Control Test 10:33

0.000Air Blank 10:33

OKDiagnostics Check 10:33

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:03:5812/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

10:35

09:55

Sumter County SO

MCMANN,J

06/05/2023

11821080A2

Wildwood PD

CANALE,NICHOLAS,D

LYNCH

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 10:57

0.000Air Blank 10:57

0.078Control Test 10:57

0.000Air Blank 10:58

# 1 0.297Subject Sample 10:59

3.257Breath Volume 10:59

0.000Air Blank 10:59

0.000Air Blank 11:01

# 2 0.278Subject Sample 11:02

3.417Breath Volume 11:02

0.000Air Blank 11:03

0.079Control Test 11:03

0.000Air Blank 11:03

OKDiagnostics Check 11:03

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:37:2712/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:10

21:08

Sumter County SO

FRANKLIN,JOSEPH

06/05/2023

11821080A2

FHP Troop C

GAVIN,DEMERIS,P

GARDNER

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:30

0.000Air Blank 22:31

0.078Control Test 22:31

0.000Air Blank 22:32

# 1 0.098Subject Sample 22:32

3.691Breath Volume 22:32

0.000Air Blank 22:33

0.000Air Blank 22:35

# 2 0.100Subject Sample 22:35

3.566Breath Volume 22:35

0.000Air Blank 22:36

0.078Control Test 22:36

0.000Air Blank 22:37

OKDiagnostics Check 22:37

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:12:5812/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:45

23:31

Sumter County SO

HARTMANN,HANS

06/05/2023

11821080A2

Sumter County SO

BISHOP METZ,FELICIA,B

HARTLEY JR

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:05

0.000Air Blank 00:06

0.079Control Test 00:06

0.000Air Blank 00:07

# 1 0.185Subject Sample 00:08

1.593Breath Volume 00:08

0.000Air Blank 00:09

0.000Air Blank 00:10

# 2 0.187Subject Sample 00:11

1.375Breath Volume 00:11

0.000Air Blank 00:12

0.077Control Test 00:12

0.000Air Blank 00:12

OKDiagnostics Check 00:12

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000815CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:37:1712/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:25

Sumter County SO

HAUGHTON,HUDSON

06/05/2023

11821080A2

Wildwood PD

GAVIN,DEMERIS,P

TOUPIN

12/22/2021

8100.27

SUMTER COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:27

0.000Air Blank 23:28

0.079Control Test 23:28

0.000Air Blank 23:29

# 1 0.107Subject Sample 23:31

1.847Breath Volume 23:31

0.000Air Blank 23:32

0.000Air Blank 23:34

# 2 0.108Subject Sample 23:35

1.742Breath Volume 23:35

0.000Air Blank 23:36

0.078Control Test 23:36

0.000Air Blank 23:37

OKDiagnostics Check 23:37

Data Download Date/Time: 02/02/2022 13:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:44:5112/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:44

02:54

CCA Citrus

RAMJIT,E

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

HUFFMAN

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:41

0.000Air Blank 04:42

0.076Control Test 04:42

0.000Air Blank 04:43

# 1Subject Sample 04:43 Subject Test Refused

0.000Breath Volume 04:43

0.000Air Blank 04:43

0.077Control Test 04:44

0.000Air Blank 04:44

OKDiagnostics Check 04:44

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:33:5712/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:20

21:01

CCA Citrus

HANEY,M

04/05/2022

05620080A2

Citrus County SO

HERNANDEZ,PEDRO,L

STRINGER

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:27

0.000Air Blank 22:27

0.077Control Test 22:27

0.000Air Blank 22:28

# 1 0.236Subject Sample 22:29

2.796Breath Volume 22:29

0.000Air Blank 22:30

0.000Air Blank 22:31

# 2 0.238Subject Sample 22:32

2.417Breath Volume 22:32

0.000Air Blank 22:33

0.076Control Test 22:33

0.000Air Blank 22:33

OKDiagnostics Check 22:33

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:47:4312/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:23

CCA Citrus

WELLS,J

04/05/2022

05620080A2

Citrus County SO

HERNANDEZ,PEDRO,L

ACKERSON

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:41

0.000Air Blank 02:41

0.077Control Test 02:41

0.000Air Blank 02:42

# 1 0.190Subject Sample 02:42

1.378Breath Volume 02:42

0.000Air Blank 02:43

0.000Air Blank 02:45

# 2 0.184Subject Sample 02:46

1.500Breath Volume 02:46

0.000Air Blank 02:46

0.077Control Test 02:47

0.000Air Blank 02:47

OKDiagnostics Check 02:47

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:05:4712/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:20

00:01

CCA Citrus

ERDMAN,N

04/05/2022

05620080A2

Citrus County SO

HOLLAND,VICTORIA,S

FLIPPO

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:02

0.000Air Blank 03:03

0.077Control Test 03:03

0.000Air Blank 03:04

# 1Subject Sample 03:04 Subject Test Refused

0.000Breath Volume 03:04

0.000Air Blank 03:04

0.077Control Test 03:05

0.000Air Blank 03:05

OKDiagnostics Check 03:05

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:35:3312/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:40

03:21

CCA Citrus

WILSON,B

04/05/2022

05620080A2

Citrus County SO

HERNANDEZ,PEDRO,L

AYRES

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:27

0.000Air Blank 04:27

0.077Control Test 04:28

0.000Air Blank 04:28

# 1 0.136Subject Sample 04:30

1.613Breath Volume 04:30

0.000Air Blank 04:30

0.000Air Blank 04:32

# 2 0.135Subject Sample 04:33

1.792Breath Volume 04:33

0.000Air Blank 04:34

0.077Control Test 04:34

0.000Air Blank 04:35

OKDiagnostics Check 04:35

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:51:3812/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:15

17:05

CCA Citrus

WILLIS,M

04/05/2022

05620080A2

FFWCC (Ocala)

SWIGER,CARL,M

WEBER

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 17:44

0.000Air Blank 17:45

0.077Control Test 17:45

0.000Air Blank 17:46

# 1 0.088Subject Sample 17:46

1.238Breath Volume 17:46

0.000Air Blank 17:47

0.000Air Blank 17:49

# 2 0.085Subject Sample 17:50

1.484Breath Volume 17:50

0.000Air Blank 17:50

0.077Control Test 17:51

0.000Air Blank 17:51

OKDiagnostics Check 17:51

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:25:4612/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:44

23:14

CCA Citrus

RAMJUT,E

04/05/2022

05620080A2

Citrus County SO

HOLLAND,VICTORIA,S

BORGEN

12/03/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:14

0.000Air Blank 00:14

0.077Control Test 00:15

0.000Air Blank 00:15

# 1 0.295Subject Sample 00:16

1.500Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.274Subject Sample 00:20

1.625Breath Volume 00:20

0.000Air Blank 00:21

0.000Air Blank 00:22

# 3 0.296Subject Sample 00:24

2.175Breath Volume 00:24

0.000Air Blank 00:24

0.075Control Test 00:25

0.000Air Blank 00:25

OKDiagnostics Check 00:25

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:02:3112/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:45

21:16

CCA Citrus

VIERA,R

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

SKILES

12/09/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:55

0.000Air Blank 22:56

0.077Control Test 22:56

0.000Air Blank 22:57

# 1 0.000Subject Sample 22:58

1.539Breath Volume 22:58

0.000Air Blank 22:58

0.000Air Blank 23:00

# 2 0.000Subject Sample 23:01

1.617Breath Volume 23:01

0.000Air Blank 23:01

0.078Control Test 23:01

0.000Air Blank 23:02

OKDiagnostics Check 23:02

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:38:2012/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:50

00:14

CCA Citrus

WELLS,J

04/05/2022

05620080A2

Citrus County SO

ARNOLD,SHAWN,D

EDWARDS

12/09/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:31

0.000Air Blank 01:32

0.077Control Test 01:32

0.000Air Blank 01:33

# 1 0.145Subject Sample 01:33

1.816Breath Volume 01:33

0.000Air Blank 01:34

0.000Air Blank 01:36

# 2 0.134Subject Sample 01:36

1.566Breath Volume 01:36

0.000Air Blank 01:37

0.077Control Test 01:37

0.000Air Blank 01:38

OKDiagnostics Check 01:38

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:34:1212/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:48

03:30

CCA Citrus

FERRER,F

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

BAGDANOVICH

12/09/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:26

0.000Air Blank 04:27

0.077Control Test 04:27

0.000Air Blank 04:28

# 1 0.115Subject Sample 04:29

1.808Breath Volume 04:29

0.000Air Blank 04:30

0.000Air Blank 04:31

# 2 0.118Subject Sample 04:32

1.890Breath Volume 04:32

0.000Air Blank 04:33

0.077Control Test 04:33

0.000Air Blank 04:34

OKDiagnostics Check 04:34

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:20:3312/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:40

18:20

CCA Citrus

RAMJIT,E

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

HARMON

12/21/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:13

0.000Air Blank 20:13

0.076Control Test 20:13

0.000Air Blank 20:14

# 1 0.174Subject Sample 20:15

2.578Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:18

# 2 0.181Subject Sample 20:18

2.832Breath Volume 20:18

0.000Air Blank 20:19

0.076Control Test 20:19

0.000Air Blank 20:20

OKDiagnostics Check 20:20

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:08:4812/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:44

CCA Citrus

PENNEY,J

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

KOSAK

12/21/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:02

0.000Air Blank 23:02

0.077Control Test 23:02

0.000Air Blank 23:03

# 1 0.057Subject Sample 23:04

2.933Breath Volume 23:04

0.000Air Blank 23:04

0.000Air Blank 23:06

# 2 0.058Subject Sample 23:07

2.726Breath Volume 23:07

0.000Air Blank 23:07

0.077Control Test 23:08

0.000Air Blank 23:08

OKDiagnostics Check 23:08

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:06:5012/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:40

21:45

CCA Citrus

TITUS,J

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

COOK

12/21/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:03

0.000Air Blank 23:04

0.077Control Test 23:04

0.000Air Blank 23:05

# 1Subject Sample 23:05 Subject Test Refused

0.000Breath Volume 23:05

0.000Air Blank 23:05

0.078Control Test 23:06

0.000Air Blank 23:06

OKDiagnostics Check 23:06

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:08:4812/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:45

01:10

CCA Citrus

TITUS,J

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

KERN

12/21/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:05

0.000Air Blank 02:06

0.077Control Test 02:06

0.000Air Blank 02:07

# 1Subject Sample 02:07 Subject Test Refused

0.000Breath Volume 02:07

0.000Air Blank 02:07

0.077Control Test 02:08

0.000Air Blank 02:08

OKDiagnostics Check 02:08

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:11:3912/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:44

18:34

CCA Citrus

FERRER,F

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

SULLIVAN

12/26/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:04

0.000Air Blank 19:05

0.077Control Test 19:05

0.000Air Blank 19:06

# 1 0.000Subject Sample 19:07

2.617Breath Volume 19:07

0.000Air Blank 19:07

0.000Air Blank 19:09

# 2 0.000Subject Sample 19:10

2.378Breath Volume 19:10

0.000Air Blank 19:10

0.076Control Test 19:11

0.000Air Blank 19:11

OKDiagnostics Check 19:11

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000819CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:53:1412/27/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

00:59

CCA Citrus

PENNEY,J

04/05/2022

05620080A2

Citrus County SO

LYONS,JAMES,R

GRANT

12/26/2021

8100.27

CITRUS COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.077Control Test 01:51

0.000Air Blank 01:51

# 1Subject Sample 01:51 Subject Test Refused

0.000Breath Volume 01:51

0.000Air Blank 01:52

0.077Control Test 01:52

0.000Air Blank 01:53

OKDiagnostics Check 01:53

Data Download Date/Time: 01/20/2022 13:51

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:39:4812/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:02

03:38

Clermont PD

KUCZKA,JACOB

07/05/2023

13921080A2

Lake County SO

KRUSE,KRISTOPHER,D

LESTER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:30

0.000Air Blank 04:31

0.081Control Test 04:31

0.000Air Blank 04:32

# 1Subject Sample 04:35 No Sample Provided

0.000Breath Volume 04:35

0.000Air Blank 04:35

0.000Air Blank 04:37

# 2Subject Sample 04:38 Subject Test Refused

0.000Breath Volume 04:38

0.000Air Blank 04:38

0.080Control Test 04:39

0.000Air Blank 04:39

OKDiagnostics Check 04:39

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:1412/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:02

01:50

Lady Lake PD

ORR,ERICA

07/05/2023

13921080A2

Lady Lake PD

HIGGINS,JOSHUA,T

WEBB

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:45

OKDiagnostics Check 02:45

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:59:0212/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:29

01:43

Lady Lake PD

WELFENBERG,ASHTON

07/05/2023

13921080A2

Leesburg PD

HIGGINS,JOSHUA,T

BUFFENBARGER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:51

0.000Air Blank 02:52

0.081Control Test 02:52

0.000Air Blank 02:53

# 1 0.135Subject Sample 02:54

1.312Breath Volume 02:54

0.000Air Blank 02:55

0.000Air Blank 02:57

# 2 0.123Subject Sample 02:57

1.902Breath Volume 02:57

0.000Air Blank 02:58

0.079Control Test 02:58

0.000Air Blank 02:58

OKDiagnostics Check 02:59

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3312/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:07

02:17

Eustis PD

BURTLAFF,SYDNEE

07/05/2023

13921080A2

Eustis PD

WILLIAMS,AUSTIN,T

ROGERS

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:28

0.000Air Blank 03:28

0.081Control Test 03:28

0.000Air Blank 03:29

# 1 0.096Subject Sample 03:32 Volume Not Met

0.035Breath Volume 03:32

0.000Air Blank 03:33

0.000Air Blank 03:34

# 2 0.103Subject Sample 03:38 Volume Not Met

0.156Breath Volume 03:38

0.000Air Blank 03:38

0.082Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

12:54:2412/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

12:03

11:44

Groveland PD

RODRIGUEZ,RONALD

07/05/2023

13921080A2

Groveland PD

RODRIGUEZ,RONALD,

RENNER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 12:51

0.000Air Blank 12:51

0.080Control Test 12:52

0.000Air Blank 12:52

# 1Subject Sample 12:53 Subject Test Refused

0.000Breath Volume 12:53

0.000Air Blank 12:53

0.080Control Test 12:53

0.000Air Blank 12:54

OKDiagnostics Check 12:54

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:21:4612/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:45

17:55

Lady Lake PD

ATKINSON,ANTHONY

07/05/2023

13921080A2

Tavares PD

HIGGINS,JOSHUA,T

SILVER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:07

0.000Air Blank 19:08

0.080Control Test 19:08

0.000Air Blank 19:08

# 1 0.199Subject Sample 19:11

1.535Breath Volume 19:11

0.000Air Blank 19:12

0.000Air Blank 19:13

# 2 0.197Subject Sample 19:17 Volume Not Met

0.734Breath Volume 19:17

0.000Air Blank 19:18

0.000Air Blank 19:19

# 3 0.199Subject Sample 19:20

1.472Breath Volume 19:20

0.000Air Blank 19:20

0.078Control Test 19:21

0.000Air Blank 19:21

OKDiagnostics Check 19:21

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:30:5612/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:38

03:38

Lady Lake PD

MCINTYRE,TRAVIS

07/05/2023

13921080A2

Lady Lake PD

HIGGINS,JOSHUA,T

HERRERA

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:24

0.000Air Blank 04:24

0.080Control Test 04:25

0.000Air Blank 04:25

# 1 0.162Subject Sample 04:26

2.132Breath Volume 04:26

0.000Air Blank 04:26

0.000Air Blank 04:28

# 2 0.169Subject Sample 04:29

2.921Breath Volume 04:29

0.000Air Blank 04:30

0.081Control Test 04:30

0.000Air Blank 04:30

OKDiagnostics Check 04:30

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:45:0312/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:22

01:23

Lake County SO

WILSON,STEPHEN

07/05/2023

13921080A2

Groveland PD

BROWNSBERGER,BLAINE,T

BRAGG

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:42

0.000Air Blank 02:42

0.080Control Test 02:43

0.000Air Blank 02:43

# 1Subject Sample 02:43 Subject Test Refused

0.000Breath Volume 02:43

0.000Air Blank 02:44

0.080Control Test 02:44

0.000Air Blank 02:44

OKDiagnostics Check 02:45

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:51:1812/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:24

01:45

Lake County SO

PERALTA,BRYAN

07/05/2023

13921080A2

Eustis PD

BROWNSBERGER,BLAINE,T

DAVIES

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:44

0.000Air Blank 02:44

0.081Control Test 02:45

0.000Air Blank 02:45

# 1 0.154Subject Sample 02:46

1.308Breath Volume 02:46

0.000Air Blank 02:47

0.000Air Blank 02:49

# 2 0.140Subject Sample 02:49

1.769Breath Volume 02:49

0.000Air Blank 02:50

0.081Control Test 02:50

0.000Air Blank 02:51

OKDiagnostics Check 02:51

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:36:5112/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:07

01:45

Eustis PD

FAULKNER,JAMES

07/05/2023

13921080A2

Eustis PD

STROUP,STEVE,A

CRUZ-VASQUEZ

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 04:29

0.000Air Blank 04:29

0.081Control Test 04:30

0.000Air Blank 04:30

# 1 0.088Subject Sample 04:31

2.148Breath Volume 04:31

0.000Air Blank 04:32

0.000Air Blank 04:34

# 2 0.089Subject Sample 04:35

1.433Breath Volume 04:35

0.000Air Blank 04:35

0.082Control Test 04:36

0.000Air Blank 04:36

OKDiagnostics Check 04:36

Data Download Date/Time: 12/29/2021 19:12

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:18:3612/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:50

02:38

Eustis PD

BILBREY,MICHELLE

07/05/2023

13921080A2

Lady Lake PD

STROUP,STEVE,A

BROWN

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 05:10

0.000Air Blank 05:11

0.081Control Test 05:11

0.000Air Blank 05:11

# 1 0.109Subject Sample 05:13

1.558Breath Volume 05:13

0.000Air Blank 05:14

0.000Air Blank 05:16

# 2 0.108Subject Sample 05:17

1.628Breath Volume 05:17

0.000Air Blank 05:17

0.080Control Test 05:18

0.000Air Blank 05:18

OKDiagnostics Check 05:18

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:13:1012/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

19:57

Groveland PD

PENA,R

07/05/2023

13921080A2

Groveland PD

PENA,R,S

BALCAUSKI

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:01

0.000Air Blank 21:02

0.080Control Test 21:02

0.000Air Blank 21:02

# 1 0.087Subject Sample 21:06 Volume Not Met

0.550Breath Volume 21:06

0.000Air Blank 21:06

0.000Air Blank 21:08

# 2 0.081Subject Sample 21:11 Volume Not Met

0.074Breath Volume 21:11

0.000Air Blank 21:12

0.080Control Test 21:12

0.000Air Blank 21:13

OKDiagnostics Check 21:13

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:26:4112/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:41

19:57

Groveland PD

PENA,R

07/05/2023

13921080A2

Groveland PD

PENA,R,S

BALCAUSKI

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:15

0.000Air Blank 21:15

0.080Control Test 21:15

0.000Air Blank 21:16

# 1 0.076Subject Sample 21:19 Volume Not Met

0.195Breath Volume 21:19

0.000Air Blank 21:20

0.000Air Blank 21:22

# 2 0.088Subject Sample 21:25 Volume Not Met

0.097Breath Volume 21:25

0.000Air Blank 21:25

0.080Control Test 21:26

0.000Air Blank 21:26

OKDiagnostics Check 21:26

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:36:3012/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:00

21:59

Fruitland Park PD

MCINTYRE,TRAVIS

07/05/2023

13921080A2

Lady Lake PD

WILDEMAN-STUART,NATASHA,L

WALKER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:33

0.000Air Blank 22:34

0.080Control Test 22:34

0.000Air Blank 22:34

# 1Subject Sample 22:35 Subject Test Refused

0.000Breath Volume 22:35

0.000Air Blank 22:35

0.081Control Test 22:35

0.000Air Blank 22:36

OKDiagnostics Check 22:36

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:42:4612/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:58

18:42

Fruitland Park PD

WILDEMAN-STUART,NATASH

07/05/2023

13921080A2

Fruitland Park PD

WILDEMAN-STUART,NATASHA,L

RILANG

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:34

0.000Air Blank 19:34

0.081Control Test 19:35

0.000Air Blank 19:35

# 1 0.195Subject Sample 19:35

1.132Breath Volume 19:35

0.000Air Blank 19:36

0.000Air Blank 19:38

# 2 0.190Subject Sample 19:41

1.328Breath Volume 19:41

0.000Air Blank 19:41

0.082Control Test 19:42

0.000Air Blank 19:42

OKDiagnostics Check 19:42

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:34:3912/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:04

19:06

Fruitland Park PD

KUCZKA,JACOB

07/05/2023

13921080A2

Lake County SO

WILDEMAN-STUART,NATASHA,L

ALFONSO

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:28

0.000Air Blank 20:28

0.081Control Test 20:28

0.000Air Blank 20:29

# 1 0.093Subject Sample 20:30

2.843Breath Volume 20:30

0.000Air Blank 20:31

0.000Air Blank 20:32

# 2 0.091Subject Sample 20:33

3.183Breath Volume 20:33

0.000Air Blank 20:33

0.079Control Test 20:34

0.000Air Blank 20:34

OKDiagnostics Check 20:34

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:19:5712/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

23:49

Groveland PD

RODRIGUEZ,RONALD

07/05/2023

13921080A2

Groveland PD

RODRIGUEZ,RONALD,

PORTER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:17

0.000Air Blank 01:17

0.080Control Test 01:17

0.000Air Blank 01:18

# 1Subject Sample 01:18 Subject Test Refused

0.000Breath Volume 01:18

0.000Air Blank 01:19

0.081Control Test 01:19

0.000Air Blank 01:19

OKDiagnostics Check 01:19

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:16:1512/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:49

15:28

Lake County SO

HELMS,J

07/05/2023

13921080A2

Lake County SO

CHESSHER,SANDRA,W

ELLIS

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:10

0.000Air Blank 16:10

0.080Control Test 16:10

0.000Air Blank 16:11

# 1 0.206Subject Sample 16:11

1.234Breath Volume 16:11

0.000Air Blank 16:12

0.000Air Blank 16:14

# 2 0.194Subject Sample 16:14

1.207Breath Volume 16:14

0.000Air Blank 16:15

0.080Control Test 16:15

0.000Air Blank 16:16

OKDiagnostics Check 16:16

Data Download Date/Time: 12/29/2021 19:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:49:4812/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:22

00:22

FHP Troop D

ALIJAGIC,SAMIR

07/05/2023

13921080A2

FHP Troop D

ALIJAGIC,SAMIR,

RODRIGUEZ

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:43

0.000Air Blank 01:43

0.077Control Test 01:43

0.000Air Blank 01:44

# 1 0.213Subject Sample 01:45

4.265Breath Volume 01:45

0.000Air Blank 01:45

0.000Air Blank 01:47

# 2 0.218Subject Sample 01:48

3.976Breath Volume 01:48

0.000Air Blank 01:48

0.079Control Test 01:49

0.000Air Blank 01:49

OKDiagnostics Check 01:49

Data Download Date/Time: 12/29/2021 19:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:07:3612/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:02

Fruitland Park PD

MCINTYRE,TRAVIS

07/05/2023

13921080A2

Lady Lake PD

WILDEMAN-STUART,NATASHA,L

LAVERTO

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:01

0.000Air Blank 02:01

0.080Control Test 02:01

0.000Air Blank 02:02

# 1 0.277Subject Sample 02:03

1.906Breath Volume 02:03

0.000Air Blank 02:03

0.000Air Blank 02:05

# 2 0.263Subject Sample 02:06

1.531Breath Volume 02:06

0.000Air Blank 02:06

0.079Control Test 02:07

0.000Air Blank 02:07

OKDiagnostics Check 02:07

Data Download Date/Time: 12/29/2021 19:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:24:2312/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:35

04:34

Lady Lake PD

ORR,ERICA

07/05/2023

13921080A2

Lady Lake PD

HIGGINS,JOSHUA,T

DOUGLAS

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:21

0.000Air Blank 05:22

0.080Control Test 05:22

0.000Air Blank 05:22

# 1Subject Sample 05:23 Subject Test Refused

0.000Breath Volume 05:23

0.000Air Blank 05:23

0.081Control Test 05:23

0.000Air Blank 05:24

OKDiagnostics Check 05:24

Data Download Date/Time: 12/29/2021 19:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:15:0012/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:04

20:50

Tavares PD

KUCZKA,JACOB

07/05/2023

13921080A2

Lake County SO

BLEDSOE,JACOB,B

BECK

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:07

0.000Air Blank 22:08

0.081Control Test 22:08

0.000Air Blank 22:09

# 1 0.188Subject Sample 22:10

2.746Breath Volume 22:10

0.000Air Blank 22:11

0.000Air Blank 22:12

# 2 0.187Subject Sample 22:13

2.738Breath Volume 22:13

0.000Air Blank 22:14

0.080Control Test 22:14

0.000Air Blank 22:14

OKDiagnostics Check 22:15

Data Download Date/Time: 12/29/2021 19:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:3112/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:11

01:21

FHP Troop D

ALIJAGIC,SAMIR

07/05/2023

13921080A2

FHP Troop D

ALIJAGIC,SAMIR,

PARKS

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:31

0.000Air Blank 02:31

0.081Control Test 02:32

0.000Air Blank 02:32

# 1 0.000Subject Sample 02:33

2.625Breath Volume 02:33

0.000Air Blank 02:33

0.000Air Blank 02:35

# 2 0.000Subject Sample 02:36

2.515Breath Volume 02:36

0.000Air Blank 02:36

0.082Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:54:4312/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:01

Eustis PD

TOURTELOT,JOHN

07/05/2023

13921080A2

Mount Dora PD

STROUP,STEVE,A

HALL

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:52

0.000Air Blank 03:52

# 1Subject Sample 03:53 Subject Test Refused

0.000Breath Volume 03:53

0.000Air Blank 03:53

0.080Control Test 03:54

0.000Air Blank 03:54

OKDiagnostics Check 03:54

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:47:1012/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:20

00:59

Groveland PD

APONTE,J

07/05/2023

13921080A2

Groveland PD

APONTE,J,

MAYSONET

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:40

0.000Air Blank 01:41

0.081Control Test 01:41

0.000Air Blank 01:41

# 1 0.149Subject Sample 01:42

2.152Breath Volume 01:42

0.000Air Blank 01:43

0.000Air Blank 01:44

# 2 0.147Subject Sample 01:45

2.222Breath Volume 01:45

0.000Air Blank 01:46

0.082Control Test 01:46

0.000Air Blank 01:47

OKDiagnostics Check 01:47

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:58:2012/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:32

15:57

Tavares PD

LAWLES,BILLY

07/05/2023

13921080A2

Clermont PD

ROBERTS,DOUG,J

HOLTZER

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:52

0.000Air Blank 16:52

0.080Control Test 16:52

0.000Air Blank 16:53

# 1 0.131Subject Sample 16:53

1.597Breath Volume 16:53

0.000Air Blank 16:54

0.000Air Blank 16:56

# 2 0.137Subject Sample 16:56

1.812Breath Volume 16:56

0.000Air Blank 16:57

0.081Control Test 16:57

0.000Air Blank 16:58

OKDiagnostics Check 16:58

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:51:0912/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:25

21:38

Groveland PD

SCHRADER,E

07/05/2023

13921080A2

Groveland PD

SCHRADER,E,M

TROTMAN

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:45

0.000Air Blank 22:45

0.081Control Test 22:46

0.000Air Blank 22:46

# 1 0.127Subject Sample 22:49 Volume Not Met

0.542Breath Volume 22:49

Air Blank 22:50 Purge Fail

0.000Air Blank 22:51

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000822CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:49:2412/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:11

12:18

Groveland PD

SCHRADER,E

07/05/2023

13921080A2

Lake County SO

SCHRADER,E,M

VAN ZANDT

11/30/2021

8100.27

LAKE COUNTY S.O.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:43

0.000Air Blank 02:43

0.081Control Test 02:43

0.000Air Blank 02:44

# 1 0.000Subject Sample 02:44

1.242Breath Volume 02:44

0.000Air Blank 02:45

0.000Air Blank 02:47

# 2 0.000Subject Sample 02:48

1.246Breath Volume 02:48

0.000Air Blank 02:48

0.082Control Test 02:48

0.000Air Blank 02:49

OKDiagnostics Check 02:49

Data Download Date/Time: 12/29/2021 19:15

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:13:4112/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:42

21:34

Leesburg PD

HEUSER,JOSEPH

01/05/2022

30219080A3

Leesburg PD

HEUSER,JOSEPH,B

LAY

11/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:06

0.000Air Blank 22:07

0.080Control Test 22:07

0.000Air Blank 22:08

# 1 0.284Subject Sample 22:09

2.445Breath Volume 22:09

0.000Air Blank 22:09

0.000Air Blank 22:11

# 2 0.285Subject Sample 22:12

2.769Breath Volume 22:12

0.000Air Blank 22:12

0.078Control Test 22:13

0.000Air Blank 22:13

OKDiagnostics Check 22:13

Data Download Date/Time: 12/17/2021 09:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:40:5412/07/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:12

21:58

Leesburg PD

PEPPERS,BENJAMIN

01/05/2022

30219080A3

Leesburg PD

HEUSER,JOSEPH,B

MCCANN

11/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:34

0.000Air Blank 22:34

0.079Control Test 22:35

0.000Air Blank 22:35

# 1 0.183Subject Sample 22:36

1.578Breath Volume 22:36

0.000Air Blank 22:36

0.000Air Blank 22:38

# 2 0.187Subject Sample 22:39

1.601Breath Volume 22:39

0.000Air Blank 22:40

0.078Control Test 22:40

0.000Air Blank 22:40

OKDiagnostics Check 22:40

Data Download Date/Time: 12/17/2021 09:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:39:3412/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:26

Leesburg PD

LAMOREAUX,E

01/05/2022

30219080A3

Leesburg PD

WALSH,SHANNON,L

SCURTI

11/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:28

0.000Air Blank 09:28

0.080Control Test 09:28

0.000Air Blank 09:29

# 1 0.000Subject Sample 09:32 Volume Not Met

0.257Breath Volume 09:32

0.000Air Blank 09:33

0.000Air Blank 09:35

# 2 0.000Subject Sample 09:38 Volume Not Met

0.882Breath Volume 09:38

0.000Air Blank 09:38

0.080Control Test 09:38

0.000Air Blank 09:39

OKDiagnostics Check 09:39

Data Download Date/Time: 12/17/2021 09:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

09:53:2112/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

09:06

08:26

Leesburg PD

LAMOREAUX,E

01/05/2022

30219080A3

Leesburg PD

WALSH,SHANNON,L

SCURTI

11/26/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 09:42

0.000Air Blank 09:42

0.079Control Test 09:42

0.000Air Blank 09:43

# 1 0.000Subject Sample 09:46 Volume Not Met

0.117Breath Volume 09:46

0.000Air Blank 09:46

0.000Air Blank 09:48

# 2 0.000Subject Sample 09:52 Volume Not Met

0.339Breath Volume 09:52

0.000Air Blank 09:52

0.079Control Test 09:52

0.000Air Blank 09:53

OKDiagnostics Check 09:53

Data Download Date/Time: 12/17/2021 09:22

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:45:0212/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:02

21:48

Leesburg PD

WALSH,S

01/05/2022

30219080A3

Leesburg PD

WALSH,SHANNON,L

PATEL

12/17/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:38

0.000Air Blank 22:38

0.080Control Test 22:38

0.000Air Blank 22:39

# 1 0.170Subject Sample 22:40

2.058Breath Volume 22:40

0.000Air Blank 22:40

0.000Air Blank 22:42

# 2 0.173Subject Sample 22:43

2.339Breath Volume 22:43

0.000Air Blank 22:44

0.080Control Test 22:44

0.000Air Blank 22:44

OKDiagnostics Check 22:45

Data Download Date/Time: 01/26/2022 11:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:55:3812/28/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

18:28

18:09

Leesburg PD

DAGASTINO,STEFANO

01/05/2022

30219080A3

Leesburg PD

MCCLAIN,DAVID,R

BULLION

12/17/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:49

0.000Air Blank 18:50

0.079Control Test 18:50

0.000Air Blank 18:50

# 1 0.186Subject Sample 18:51

1.867Breath Volume 18:51

0.000Air Blank 18:51

0.000Air Blank 18:53

# 2 0.198Subject Sample 18:54

1.738Breath Volume 18:54

0.000Air Blank 18:54

0.079Control Test 18:55

0.000Air Blank 18:55

OKDiagnostics Check 18:55

Data Download Date/Time: 01/26/2022 11:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000824CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:09:3612/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:20

02:01

Leesburg PD

LENFANT,BENJAMIN

01/05/2022

30219080A3

Leesburg PD

HEUSER,JOSEPH,B

VACCARO RODRIGUEZ

12/17/2021

8100.27

LEESBURG P.D.

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:02

0.000Air Blank 03:02

0.080Control Test 03:02

0.000Air Blank 03:03

# 1 0.212Subject Sample 03:04

1.707Breath Volume 03:04

0.000Air Blank 03:05

0.000Air Blank 03:06

# 2 0.215Subject Sample 03:08

1.695Breath Volume 03:08

0.000Air Blank 03:08

0.078Control Test 03:09

0.000Air Blank 03:09

OKDiagnostics Check 03:09

Data Download Date/Time: 01/26/2022 11:25

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:37:0612/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:10

00:45

Hillsborough Co SO

BARLAUG,G

04/05/2023

06021080A2

Tampa PD

KIRKLAND,KYLIE,C

MISH

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:30

0.000Air Blank 01:31

0.080Control Test 01:31

0.000Air Blank 01:32

# 1 0.255Subject Sample 01:32

2.617Breath Volume 01:32

0.000Air Blank 01:33

0.000Air Blank 01:35

# 2 0.256Subject Sample 01:35

1.527Breath Volume 01:35

0.000Air Blank 01:36

0.079Control Test 01:36

0.000Air Blank 01:37

OKDiagnostics Check 01:37

Data Download Date/Time: 12/15/2021 09:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:03:5412/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:35

01:11

Hillsborough Co SO

VAN-TREESE,S

04/05/2023

06021080A2

Tampa PD

JONES,MINDY,L

KUBAN

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:56

0.000Air Blank 01:57

0.080Control Test 01:57

0.000Air Blank 01:58

# 1 0.112Subject Sample 01:59

1.488Breath Volume 01:59

0.000Air Blank 01:59

0.000Air Blank 02:01

# 2 0.119Subject Sample 02:02

1.664Breath Volume 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

OKDiagnostics Check 02:03

Data Download Date/Time: 12/15/2021 09:38

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:16:1812/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:52

00:06

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

YUMAN ROMERO,ANGIE,A

ZANCHES LOPEZ

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:12

0.000Air Blank 01:12

0.080Control Test 01:13

0.000Air Blank 01:13

# 1Subject Sample 01:14 Subject Test Refused

0.000Breath Volume 01:14

0.000Air Blank 01:15

0.080Control Test 01:15

0.000Air Blank 01:16

OKDiagnostics Check 01:16

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:06:5512/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:32

02:47

Hillsborough Co SO

HUTCHESON,S

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

SANTIZO

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:56

0.000Air Blank 03:56

0.080Control Test 03:57

0.000Air Blank 03:57

# 1 0.217Subject Sample 04:00

1.406Breath Volume 04:00

0.000Air Blank 04:01

0.000Air Blank 04:03

# 2 0.222Subject Sample 04:05

2.078Breath Volume 04:05

0.000Air Blank 04:05

0.078Control Test 04:06

0.000Air Blank 04:06

OKDiagnostics Check 04:06

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:53:2412/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:48

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

CABRERA DIAS

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:51

0.000Air Blank 04:52

0.081Control Test 04:52

Air Blank 04:52 RFI Detect

0.000Air Blank 04:53

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:07:1512/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:31

03:48

Hillsborough Co SO

RENDON,D

04/05/2023

06021080A2

Hillsborough Co SO

KNOX,STEPHANIE,R

CABRERA DIAS

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:55

0.000Air Blank 04:55

0.080Control Test 04:55

0.000Air Blank 04:56

# 1 0.123Subject Sample 04:59 Volume Not Met

0.050Breath Volume 04:59

0.000Air Blank 05:00

0.000Air Blank 05:02

# 2 0.184Subject Sample 05:02

3.492Breath Volume 05:02

0.000Air Blank 05:03

0.000Air Blank 05:05

# 3 0.181Subject Sample 05:05

3.593Breath Volume 05:05

0.000Air Blank 05:06

0.080Control Test 05:06

0.000Air Blank 05:07

OKDiagnostics Check 05:07

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:29:1512/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:24

Hillsborough Co SO

BRANDT,K

04/05/2023

06021080A2

U of So FL Campus PD

LONEY,ANIA,L

NOOR

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.077Control Test 23:27

0.000Air Blank 23:28

# 1Subject Sample 23:28 Sequence Aborted

0.000Breath Volume 23:28

0.000Air Blank 23:29

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:56:2212/12/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:24

22:45

Hillsborough Co SO

HUTCHESON,S

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

REYES-GARCIA

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:48

0.000Air Blank 23:48

0.079Control Test 23:49

0.000Air Blank 23:49

# 1 0.233Subject Sample 23:51

1.964Breath Volume 23:51

0.000Air Blank 23:52

0.000Air Blank 23:54

# 2 0.229Subject Sample 23:54

1.914Breath Volume 23:54

0.000Air Blank 23:55

0.080Control Test 23:55

0.000Air Blank 23:56

OKDiagnostics Check 23:56

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:56:1712/13/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

ADMIN

16:24

16:00

Hillsborough Co SO

MOBLEY,A

04/05/2023

06021080A2

Tampa PD

SIMMONS,ANGELA,V

WASHINGTON

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:47

0.000Air Blank 16:48

0.079Control Test 16:48

0.000Air Blank 16:49

# 1 0.300Subject Sample 16:52 Volume Not Met

0.019Breath Volume 16:52

0.000Air Blank 16:53

0.000Air Blank 16:54

# 2Subject Sample 16:54 Subject Test Refused

0.000Breath Volume 16:54

0.000Air Blank 16:55

0.078Control Test 16:55

0.000Air Blank 16:56

OKDiagnostics Check 16:56

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:33:3412/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:03

02:18

Hillsborough Co SO

RIVERA,M

04/05/2023

06021080A2

Hillsborough Co SO

MONTGOMERY,ALECIA,L

FULTON

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:24

0.000Air Blank 03:24

0.081Control Test 03:25

0.000Air Blank 03:25

# 1 0.112Subject Sample 03:28

1.367Breath Volume 03:28

0.000Air Blank 03:29

0.000Air Blank 03:30

# 2 0.114Subject Sample 03:31

1.484Breath Volume 03:31

0.000Air Blank 03:32

0.081Control Test 03:32

0.000Air Blank 03:33

OKDiagnostics Check 03:33

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

05:17:3112/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:49

04:27

Hillsborough Co SO

BRABAND,M

04/05/2023

06021080A2

Tampa PD

YUMAN ROMERO,ANGIE,A

LOPEZ PEREZ

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 05:10

0.000Air Blank 05:10

0.082Control Test 05:10

0.000Air Blank 05:11

# 1 0.177Subject Sample 05:12

1.761Breath Volume 05:12

0.000Air Blank 05:13

0.000Air Blank 05:15

# 2 0.192Subject Sample 05:15

1.421Breath Volume 05:15

0.000Air Blank 05:16

0.081Control Test 05:16

0.000Air Blank 05:17

OKDiagnostics Check 05:17

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000830CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:17:0512/14/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:49

19:19

Hillsborough Co SO

PORTER,S

04/05/2023

06021080A2

Hillsborough Co SO

KIRKLAND,KYLIE,C

GAVIN

12/09/2021

8100.27

HILLSBOROUGH CO SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 20:09

0.000Air Blank 20:09

0.081Control Test 20:09

0.000Air Blank 20:10

# 1 0.000Subject Sample 20:12

1.589Breath Volume 20:12

0.000Air Blank 20:13

0.000Air Blank 20:15

# 2 0.000Subject Sample 20:15

1.316Breath Volume 20:15

0.000Air Blank 20:16

0.081Control Test 20:16

0.000Air Blank 20:16

OKDiagnostics Check 20:17

Data Download Date/Time: 12/15/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000831CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:37:0612/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:09

02:23

Martin County SO

DELGADO,JOSE

10/05/2022

22620080A3

Martin County SO

DELGADO,JOSE,G

LANZA

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:29

0.000Air Blank 02:30

0.080Control Test 02:30

0.000Air Blank 02:31

# 1 0.248Subject Sample 02:32

1.667Breath Volume 02:32

0.000Air Blank 02:33

0.000Air Blank 02:34

# 2 0.250Subject Sample 02:35

1.167Breath Volume 02:35

0.000Air Blank 02:36

0.078Control Test 02:36

0.000Air Blank 02:37

OKDiagnostics Check 02:37

Data Download Date/Time: 12/17/2021 09:39

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:03:4812/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:19

21:11

Martin County SO

GITLIN,C

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

CRISTOBAL-DELEON

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.080Control Test 22:55

0.000Air Blank 22:55

# 1 0.159Subject Sample 22:58

1.898Breath Volume 22:58

0.000Air Blank 22:59

0.000Air Blank 23:01

# 2 0.161Subject Sample 23:02

1.484Breath Volume 23:02

0.000Air Blank 23:02

0.079Control Test 23:03

0.000Air Blank 23:03

OKDiagnostics Check 23:03

Data Download Date/Time: 12/17/2021 09:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:38:2412/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

15:56

15:36

Stuart PD

GITLIN,C

10/05/2022

22620080A3

Martin County SO

PECCI,Z,A

ORTIZ-GONZALEZ

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 16:27

0.000Air Blank 16:27

0.079Control Test 16:28

0.000Air Blank 16:28

# 1 0.296Subject Sample 16:30

2.324Breath Volume 16:30

0.000Air Blank 16:31

0.000Air Blank 16:33

# 2 0.270Subject Sample 16:33

1.363Breath Volume 16:33

0.000Air Blank 16:34

0.000Air Blank 16:36

# 3 0.265Subject Sample 16:36

1.808Breath Volume 16:36

0.000Air Blank 16:37

0.079Control Test 16:37

0.000Air Blank 16:38

OKDiagnostics Check 16:38

Data Download Date/Time: 12/17/2021 09:23

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:41:4712/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:54

Martin County SO

PETERS,DARIN

10/05/2022

22620080A3

Martin County SO

SANDERS,JIM,R

ADAMS

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:38

0.000Air Blank 16:38

0.080Control Test 16:38

0.000Air Blank 16:39

# 1Subject Sample 16:40 RFI Detect

0.222Breath Volume 16:40

0.000Air Blank 16:40

0.080Control Test 16:41

0.000Air Blank 16:41

OKDiagnostics Check 16:41

Data Download Date/Time: 12/17/2021 09:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

16:51:2412/06/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:15

15:54

Martin County SO

PETERS,DARIN

10/05/2022

22620080A3

Martin County SO

SANDERS,JAMES,R

ADAMS

11/03/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 16:44

0.000Air Blank 16:44

0.078Control Test 16:45

0.000Air Blank 16:45

# 1 0.168Subject Sample 16:46

1.867Breath Volume 16:46

0.000Air Blank 16:47

0.000Air Blank 16:49

# 2 0.159Subject Sample 16:49

1.640Breath Volume 16:49

0.000Air Blank 16:50

0.076Control Test 16:50

0.000Air Blank 16:51

OKDiagnostics Check 16:51

Data Download Date/Time: 12/17/2021 09:24

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:3812/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:33

22:11

Stuart PD

PONTE,JOSEPH

10/05/2022

22620080A3

Stuart PD

PONTE,JOSEPH,P

SMITH

12/16/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:55

0.000Air Blank 22:55

0.080Control Test 22:55

0.000Air Blank 22:56

# 1 0.177Subject Sample 22:57

3.535Breath Volume 22:57

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.159Subject Sample 23:00

1.796Breath Volume 23:00

0.000Air Blank 23:00

0.079Control Test 23:01

0.000Air Blank 23:01

OKDiagnostics Check 23:01

Data Download Date/Time: 01/09/2022 23:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:50:3812/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:49

Stuart PD

CERNUTO,MATTHEW

10/05/2022

22620080A3

Stuart PD

CERNUTO,MATTHEW,D

GUERRERO

12/16/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:44

0.000Air Blank 00:44

0.080Control Test 00:45

0.000Air Blank 00:45

# 1 0.125Subject Sample 00:46

1.437Breath Volume 00:46

0.000Air Blank 00:46

0.000Air Blank 00:48

# 2 0.120Subject Sample 00:49

1.601Breath Volume 00:49

0.000Air Blank 00:49

0.080Control Test 00:50

0.000Air Blank 00:50

OKDiagnostics Check 00:50

Data Download Date/Time: 01/09/2022 23:00

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:30:5312/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:00

18:36

Martin County SO

SPUGNARDI,TIM

10/05/2022

22620080A3

Martin County SO

CAPLAN,CHRISTOPHER,M

WESTOVER-RIVERA

12/16/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 19:20

0.000Air Blank 19:21

0.079Control Test 19:21

0.000Air Blank 19:22

# 1 0.260Subject Sample 19:22

2.277Breath Volume 19:22

0.000Air Blank 19:23

0.000Air Blank 19:25

# 2 0.230Subject Sample 19:26

1.191Breath Volume 19:26

0.000Air Blank 19:27

0.000Air Blank 19:28

# 3 0.252Subject Sample 19:29

2.140Breath Volume 19:29

0.000Air Blank 19:29

0.079Control Test 19:30

0.000Air Blank 19:30

OKDiagnostics Check 19:30

Data Download Date/Time: 01/09/2022 23:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:07:1112/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:40

16:15

Martin County SO

BRENOVIL,GEDEON

10/05/2022

22620080A3

Martin County SO

BRENOVIL,GEDEON,

BOOTHMAN

12/16/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:00

0.000Air Blank 17:01

0.079Control Test 17:01

0.000Air Blank 17:02

# 1 0.293Subject Sample 17:02

1.675Breath Volume 17:02

0.000Air Blank 17:03

0.000Air Blank 17:05

# 2 0.297Subject Sample 17:05

2.035Breath Volume 17:05

0.000Air Blank 17:06

0.079Control Test 17:06

0.000Air Blank 17:07

OKDiagnostics Check 17:07

Data Download Date/Time: 01/09/2022 23:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000832CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:56:5512/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:28

21:41

Martin County SO

THOMAS,CHRISTOPHER

10/05/2022

22620080A3

Martin County SO

THOMAS,CHRISTOPHER,L

ALICEA

12/16/2021

8100.27

MARTIN COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:48

0.000Air Blank 21:48

0.079Control Test 21:49

0.000Air Blank 21:49

# 1Subject Sample 21:52 No Sample Provided

0.000Breath Volume 21:52

0.000Air Blank 21:53

0.000Air Blank 21:55

# 2Subject Sample 21:55 Subject Test Refused

0.000Breath Volume 21:55

0.000Air Blank 21:56

0.079Control Test 21:56

0.000Air Blank 21:56

OKDiagnostics Check 21:56

Data Download Date/Time: 01/09/2022 23:05

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:09:5112/02/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:40

01:18

Cape Coral PD

THOMAS,DANIEL

10/05/2023

22521080A1

Cape Coral PD

THOMAS,DANIEL,C

CARTER

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:02

0.000Air Blank 02:02

0.080Control Test 02:03

0.000Air Blank 02:03

# 1 0.129Subject Sample 02:05

1.683Breath Volume 02:05

0.000Air Blank 02:05

0.000Air Blank 02:07

# 2 0.126Subject Sample 02:08

1.324Breath Volume 02:08

0.000Air Blank 02:08

0.079Control Test 02:09

0.000Air Blank 02:09

OKDiagnostics Check 02:09

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:20:4812/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:53

23:35

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

MAUK

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:13

0.000Air Blank 00:13

0.080Control Test 00:14

0.000Air Blank 00:14

# 1 0.081Subject Sample 00:16

2.097Breath Volume 00:16

0.000Air Blank 00:16

0.000Air Blank 00:18

# 2 0.084Subject Sample 00:19

2.792Breath Volume 00:19

0.000Air Blank 00:19

0.080Control Test 00:20

0.000Air Blank 00:20

OKDiagnostics Check 00:20

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:17:0312/03/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:50

01:24

Cape Coral PD

MADURO,VICTOR

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

ROBERTS

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:10

0.000Air Blank 02:10

0.080Control Test 02:11

0.000Air Blank 02:11

# 1 0.146Subject Sample 02:12

1.367Breath Volume 02:12

0.000Air Blank 02:13

0.000Air Blank 02:14

# 2 0.143Subject Sample 02:15

1.316Breath Volume 02:15

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:16

OKDiagnostics Check 02:17

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:5612/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:30

01:07

Cape Coral PD

MADURO,VICTOR

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

KNITTEL

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:50

0.000Air Blank 01:50

0.080Control Test 01:51

0.000Air Blank 01:51

# 1 0.184Subject Sample 01:52

2.039Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2 0.164Subject Sample 01:55

1.468Breath Volume 01:55

0.000Air Blank 01:56

0.080Control Test 01:56

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

17:23:5312/04/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

16:49

16:42

Cape Coral PD

KANE,JOHN

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

COLMAN

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 17:15

0.000Air Blank 17:15

0.080Control Test 17:16

0.000Air Blank 17:16

# 1 0.277Subject Sample 17:18

1.320Breath Volume 17:18

0.000Air Blank 17:19

0.000Air Blank 17:21

# 2 0.282Subject Sample 17:22

1.367Breath Volume 17:22

0.000Air Blank 17:22

0.079Control Test 17:23

0.000Air Blank 17:23

OKDiagnostics Check 17:23

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:11:5512/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:40

00:16

Cape Coral PD

ANZALONE,CHRISTOPHER

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

REID

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:05

0.000Air Blank 01:05

0.080Control Test 01:06

0.000Air Blank 01:06

# 1 0.144Subject Sample 01:07

1.378Breath Volume 01:07

0.000Air Blank 01:07

0.000Air Blank 01:09

# 2 0.143Subject Sample 01:10

1.832Breath Volume 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:11

OKDiagnostics Check 01:11

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:54:2312/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

01:03

Cape Coral PD

COLWELL,CHASE

10/05/2023

22521080A1

Cape Coral PD

COLWELL,CHASE,U

KARNES

11/12/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:48

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1 0.161Subject Sample 01:49

2.488Breath Volume 01:49

0.000Air Blank 01:50

0.000Air Blank 01:52

# 2 0.167Subject Sample 01:52

2.480Breath Volume 01:52

0.000Air Blank 01:53

0.080Control Test 01:53

0.000Air Blank 01:54

OKDiagnostics Check 01:54

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:24:2812/09/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:55

22:32

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

MINEHAN

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:17

0.000Air Blank 23:18

0.081Control Test 23:18

0.000Air Blank 23:18

# 1 0.158Subject Sample 23:19

1.519Breath Volume 23:19

0.000Air Blank 23:20

0.000Air Blank 23:22

# 2 0.153Subject Sample 23:23

1.191Breath Volume 23:23

0.000Air Blank 23:23

0.080Control Test 23:23

0.000Air Blank 23:24

OKDiagnostics Check 23:24

Data Download Date/Time: 12/13/2021 12:20

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:21:4712/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:55

02:41

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

LEBRON ARZOLA

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 03:15

0.000Air Blank 03:15

0.080Control Test 03:16

0.000Air Blank 03:16

# 1 0.091Subject Sample 03:17

2.519Breath Volume 03:17

0.000Air Blank 03:17

0.000Air Blank 03:19

# 2 0.084Subject Sample 03:20

2.730Breath Volume 03:20

0.000Air Blank 03:20

0.080Control Test 03:21

0.000Air Blank 03:21

OKDiagnostics Check 03:21

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

20:27:3512/15/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:51

19:30

Cape Coral PD

HOWES,JOHN

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

USHER

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 20:11

0.000Air Blank 20:12

0.081Control Test 20:12

0.000Air Blank 20:13

# 1 0.107Subject Sample 20:15

1.855Breath Volume 20:15

0.000Air Blank 20:16

0.000Air Blank 20:17

# 2 0.113Subject Sample 20:21 Volume Not Met

0.980Breath Volume 20:21

0.000Air Blank 20:21

0.000Air Blank 20:23

# 3 0.105Subject Sample 20:26

1.687Breath Volume 20:26

0.000Air Blank 20:26

0.080Control Test 20:27

0.000Air Blank 20:27

OKDiagnostics Check 20:27

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:14:2112/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:48

02:37

Cape Coral PD

MARTINEZ,FRANCISCO

10/05/2023

22521080A1

Cape Coral PD

ROSS,CHEYANNE,K

MARQUEZ

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:08

0.000Air Blank 03:08

0.080Control Test 03:08

0.000Air Blank 03:09

# 1 0.123Subject Sample 03:09

3.078Breath Volume 03:09

0.000Air Blank 03:10

0.000Air Blank 03:12

# 2 0.126Subject Sample 03:12

2.585Breath Volume 03:12

0.000Air Blank 03:13

0.080Control Test 03:13

0.000Air Blank 03:14

OKDiagnostics Check 03:14

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

11:57:2412/16/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

11:20

11:00

Cape Coral PD

HANDLEY,ASHLEY

10/05/2023

22521080A1

Cape Coral PD

HANDLEY,ASHLEY,N

EDWARDSON

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 11:51

0.000Air Blank 11:51

0.080Control Test 11:52

0.000Air Blank 11:52

# 1 0.000Subject Sample 11:53

3.464Breath Volume 11:53

0.000Air Blank 11:53

0.000Air Blank 11:55

# 2 0.000Subject Sample 11:56

3.738Breath Volume 11:56

0.000Air Blank 11:56

0.080Control Test 11:56

0.000Air Blank 11:57

OKDiagnostics Check 11:57

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:41:4712/17/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:15

20:52

Cape Coral PD

RIOS,DAVIS

10/05/2023

22521080A1

Cape Coral PD

RIOS,DAVIS,

SCHRAWYER

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:35

0.000Air Blank 21:36

0.080Control Test 21:36

0.000Air Blank 21:36

# 1 0.000Subject Sample 21:37

3.523Breath Volume 21:37

0.000Air Blank 21:37

0.000Air Blank 21:39

# 2 0.000Subject Sample 21:40

2.292Breath Volume 21:40

0.000Air Blank 21:40

0.081Control Test 21:41

0.000Air Blank 21:41

OKDiagnostics Check 21:41

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:52:4912/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:13

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

LEVY

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:51

0.000Air Blank 00:51

0.081Control Test 00:51

Air Blank 00:52 RFI Detect

0.000Air Blank 00:52

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:00:5912/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:30

00:13

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

LEVY

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:54

0.000Air Blank 00:54

0.080Control Test 00:55

0.000Air Blank 00:55

# 1 0.132Subject Sample 00:56

3.253Breath Volume 00:56

0.000Air Blank 00:57

0.000Air Blank 00:58

# 2 0.125Subject Sample 00:59

2.992Breath Volume 00:59

0.000Air Blank 01:00

0.080Control Test 01:00

0.000Air Blank 01:00

OKDiagnostics Check 01:00

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:17:2012/18/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:46

00:18

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

VELEZ RIVERA

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:10

0.000Air Blank 01:11

0.080Control Test 01:11

0.000Air Blank 01:12

# 1 0.127Subject Sample 01:12

1.718Breath Volume 01:12

0.000Air Blank 01:13

0.000Air Blank 01:15

# 2 0.126Subject Sample 01:15

1.589Breath Volume 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

OKDiagnostics Check 01:17

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:53:1212/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:15

23:55

Cape Coral PD

RODGERS,CHRISTOPHER

10/05/2023

22521080A1

Cape Coral PD

LOWE,ALEXANDER,A

AVALOS YERA

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 00:40

0.000Air Blank 00:40

0.080Control Test 00:40

0.000Air Blank 00:41

# 1 0.177Subject Sample 00:42

1.410Breath Volume 00:42

0.000Air Blank 00:43

0.000Air Blank 00:45

# 2 0.172Subject Sample 00:48 Volume Not Met

0.628Breath Volume 00:48

0.000Air Blank 00:48

0.000Air Blank 00:50

# 3 0.187Subject Sample 00:51

1.281Breath Volume 00:51

0.000Air Blank 00:52

0.078Control Test 00:52

0.000Air Blank 00:53

OKDiagnostics Check 00:53

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:02:0612/19/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:30

03:09

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

PAYMENT

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:51

0.000Air Blank 03:51

0.080Control Test 03:51

0.000Air Blank 03:52

# 1 0.207Subject Sample 03:53

1.253Breath Volume 03:53

0.000Air Blank 03:53

0.000Air Blank 03:55

# 2 0.182Subject Sample 03:57

1.539Breath Volume 03:57

0.000Air Blank 03:58

0.000Air Blank 04:00

# 3 0.194Subject Sample 04:00

1.121Breath Volume 04:00

0.000Air Blank 04:01

0.078Control Test 04:01

0.000Air Blank 04:02

OKDiagnostics Check 04:02

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:24:1912/20/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:55

21:36

Cape Coral PD

MARTINEZ,FRANCISCO

10/05/2023

22521080A1

Cape Coral PD

PRIETO PEREZ,CARLOS,

KALWITE

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 22:15

0.000Air Blank 22:16

0.081Control Test 22:16

0.000Air Blank 22:17

# 1 0.295Subject Sample 22:18

1.218Breath Volume 22:18

0.000Air Blank 22:19

0.000Air Blank 22:20

# 2 0.283Subject Sample 22:22

1.156Breath Volume 22:22

0.000Air Blank 22:23

0.079Control Test 22:23

0.000Air Blank 22:24

OKDiagnostics Check 22:24

Data Download Date/Time: 01/12/2022 11:13

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:33:4612/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:34

Cape Coral PD

MOON,STEPHEN

10/05/2023

22521080A1

Cape Coral PD

HANDLEY,ASHLEY,N

JOHNSON

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:22

0.000Air Blank 18:22

0.080Control Test 18:23

0.000Air Blank 18:23

# 1 0.148Subject Sample 18:26 Volume Not Met

0.070Breath Volume 18:26

0.000Air Blank 18:27

0.000Air Blank 18:29

# 2Subject Sample 18:32 Subject Test Refused

0.625Breath Volume 18:32

0.000Air Blank 18:32

0.079Control Test 18:33

0.000Air Blank 18:33

OKDiagnostics Check 18:33

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

18:44:1612/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

17:45

17:34

Cape Coral PD

MOON,STEPHEN

10/05/2023

22521080A1

Cape Coral PD

HANDLEY,ASHLEY,N

JOHNSON

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 18:36

0.000Air Blank 18:36

0.078Control Test 18:37

0.000Air Blank 18:37

# 1 0.159Subject Sample 18:38

1.871Breath Volume 18:38

0.000Air Blank 18:38

0.000Air Blank 18:40

# 2 0.154Subject Sample 18:42

1.562Breath Volume 18:42

0.000Air Blank 18:43

0.080Control Test 18:43

0.000Air Blank 18:44

OKDiagnostics Check 18:44

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:44:3212/21/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:18

21:08

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

ALTMAN

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:38

0.000Air Blank 21:38

0.080Control Test 21:39

0.000Air Blank 21:39

# 1 0.130Subject Sample 21:40

2.847Breath Volume 21:40

0.000Air Blank 21:40

0.000Air Blank 21:42

# 2 0.126Subject Sample 21:43

3.160Breath Volume 21:43

0.000Air Blank 21:43

0.080Control Test 21:43

0.000Air Blank 21:44

OKDiagnostics Check 21:44

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:23:2912/22/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:55

01:34

Cape Coral PD

HARRISON,WILLIE

10/05/2023

22521080A1

Cape Coral PD

FUGIEL,ADRIAN,M

GOMEL TORREANO

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 02:16

0.000Air Blank 02:16

0.080Control Test 02:16

0.000Air Blank 02:17

# 1 0.137Subject Sample 02:18

2.886Breath Volume 02:18

0.000Air Blank 02:19

0.000Air Blank 02:21

# 2 0.139Subject Sample 02:21

1.542Breath Volume 02:21

0.000Air Blank 02:22

0.079Control Test 02:22

0.000Air Blank 02:23

OKDiagnostics Check 02:23

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

00:30:5912/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:
ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:00

23:45

Cape Coral PD

PANTOJA-
VAZQUEZ,ABRAHAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

AYERS

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 00:21

0.000Air Blank 00:21

0.079Control Test 00:21

0.000Air Blank 00:22

# 1 0.195Subject Sample 00:23

1.515Breath Volume 00:23

0.000Air Blank 00:24

0.000Air Blank 00:26

# 2 0.185Subject Sample 00:29

1.847Breath Volume 00:29

0.000Air Blank 00:30

0.080Control Test 00:30

0.000Air Blank 00:30

OKDiagnostics Check 00:30

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

19:41:0212/24/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

19:13

19:00

Cape Coral PD

MADURO,VICTOR

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

AVILES

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 19:33

0.000Air Blank 19:34

0.081Control Test 19:34

0.000Air Blank 19:35

# 1 0.284Subject Sample 19:36

1.394Breath Volume 19:36

0.000Air Blank 19:37

0.000Air Blank 19:38

# 2 0.293Subject Sample 19:39

1.960Breath Volume 19:39

0.000Air Blank 19:40

0.079Control Test 19:40

0.000Air Blank 19:40

OKDiagnostics Check 19:41

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:4912/25/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:55

00:30

Cape Coral PD

NOVACK,BRADLEY

10/05/2023

22521080A1

Cape Coral PD

ROSS,CHEYANNE,K

TREBISOVSKY

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:16

# 1 0.148Subject Sample 01:18

1.789Breath Volume 01:18

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.154Subject Sample 01:21

1.570Breath Volume 01:21

0.000Air Blank 01:21

0.079Control Test 01:22

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:31:4112/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

02:04

01:47

Cape Coral PD

FUGIEL,ADRIAN

10/05/2023

22521080A1

Cape Coral PD

FUGIEL,ADRIAN,M

ST AMAND

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 02:25

0.000Air Blank 02:25

0.081Control Test 02:26

0.000Air Blank 02:26

# 1 0.164Subject Sample 02:27

1.476Breath Volume 02:27

0.000Air Blank 02:27

0.000Air Blank 02:29

# 2 0.149Subject Sample 02:30

1.261Breath Volume 02:30

0.000Air Blank 02:30

0.080Control Test 02:31

0.000Air Blank 02:31

OKDiagnostics Check 02:31

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:00:4212/26/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

21:33

21:07

Cape Coral PD

MARTINEZ,FRANCISCO

10/05/2023

22521080A1

Cape Coral PD

ROSS,CHEYANNE,K

MILLER

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:54

0.000Air Blank 21:55

0.081Control Test 21:55

0.000Air Blank 21:55

# 1 0.227Subject Sample 21:56

3.281Breath Volume 21:56

0.000Air Blank 21:56

0.000Air Blank 21:58

# 2 0.224Subject Sample 21:59

3.113Breath Volume 21:59

0.000Air Blank 21:59

0.080Control Test 22:00

0.000Air Blank 22:00

OKDiagnostics Check 22:00

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:15:0512/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:43

00:22

Cape Coral PD

MAKSIMOVIC,DRAGOSLAV

10/05/2023

22521080A1

Cape Coral PD

JOHNSON,SARAH,M

HERNANDEZ TAHER

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:09

0.000Air Blank 01:09

0.080Control Test 01:09

0.000Air Blank 01:10

# 1 0.124Subject Sample 01:10

2.269Breath Volume 01:10

0.000Air Blank 01:11

0.000Air Blank 01:13

# 2 0.126Subject Sample 01:13

2.296Breath Volume 01:13

0.000Air Blank 01:14

0.079Control Test 01:14

0.000Air Blank 01:15

OKDiagnostics Check 01:15

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:42:1712/29/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:15

00:54

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

HOLDEN

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:35

0.000Air Blank 01:36

0.080Control Test 01:36

0.000Air Blank 01:37

# 1 0.221Subject Sample 01:37

1.167Breath Volume 01:37

0.000Air Blank 01:38

0.000Air Blank 01:39

# 2 0.224Subject Sample 01:40

2.789Breath Volume 01:40

0.000Air Blank 01:41

0.080Control Test 01:41

0.000Air Blank 01:42

OKDiagnostics Check 01:42

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:22:1512/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

00:54

00:32

Cape Coral PD

MARTINI,RYAN

10/05/2023

22521080A1

Cape Coral PD

MARTINI,RYAN,H

RIOS

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:15

0.000Air Blank 01:16

0.080Control Test 01:16

0.000Air Blank 01:17

# 1 0.127Subject Sample 01:17

1.742Breath Volume 01:17

0.000Air Blank 01:18

0.000Air Blank 01:20

# 2 0.117Subject Sample 01:20

1.179Breath Volume 01:20

0.000Air Blank 01:21

0.080Control Test 01:21

0.000Air Blank 01:22

OKDiagnostics Check 01:22

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

01:56:1912/30/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:27

00:54

Cape Coral PD

MADURO,VICTOR

10/05/2023

22521080A1

Cape Coral PD

MADURO,VICTOR,A

MENDEZ NAVAS

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 01:47

0.000Air Blank 01:48

0.080Control Test 01:48

0.000Air Blank 01:49

# 1Subject Sample 01:52 No Sample Provided

0.000Breath Volume 01:52

0.000Air Blank 01:52

0.000Air Blank 01:54

# 2Subject Sample 01:54 Subject Test Refused

0.000Breath Volume 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:56

OKDiagnostics Check 01:56

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

02:01:5012/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

01:31

01:06

Cape Coral PD

MYERS,JUSTIN

10/05/2023

22521080A1

Cape Coral PD

MYERS,JUSTIN,L

BUTLER

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 01:54

0.000Air Blank 01:55

0.080Control Test 01:55

0.000Air Blank 01:55

# 1 0.173Subject Sample 01:56

3.585Breath Volume 01:56

0.000Air Blank 01:57

0.000Air Blank 01:59

# 2 0.166Subject Sample 02:00

3.652Breath Volume 02:00

0.000Air Blank 02:00

0.080Control Test 02:01

0.000Air Blank 02:01

OKDiagnostics Check 02:01

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

22:35:5912/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:08

21:43

Cape Coral PD

KLAKOWICZ,STEVEN

10/05/2023

22521080A1

Cape Coral PD

LEONARD,STEPHEN,R

COBIAN

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:29

0.000Air Blank 22:29

0.080Control Test 22:30

0.000Air Blank 22:30

# 1 0.153Subject Sample 22:31

1.597Breath Volume 22:31

0.000Air Blank 22:31

0.000Air Blank 22:33

# 2 0.173Subject Sample 22:34

2.535Breath Volume 22:34

0.000Air Blank 22:35

0.080Control Test 22:35

0.000Air Blank 22:35

OKDiagnostics Check 22:35

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:33:0512/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:06

22:42

Cape Coral PD

LOWE,ALEXANDER

10/05/2023

22521080A1

Cape Coral PD

LOWE,ALEXANDER,A

COX

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:26

0.000Air Blank 23:27

0.080Control Test 23:27

0.000Air Blank 23:28

# 1 0.126Subject Sample 23:28

1.113Breath Volume 23:28

0.000Air Blank 23:29

0.000Air Blank 23:30

# 2 0.120Subject Sample 23:31

1.406Breath Volume 23:31

0.000Air Blank 23:32

0.080Control Test 23:32

0.000Air Blank 23:33

OKDiagnostics Check 23:33

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000859CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:53:5812/31/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:27

23:06

Cape Coral PD

DOTSON,WILLIAM

10/05/2023

22521080A1

Cape Coral PD

DOTSON,WILLIAM,J

WILLIAMS

12/07/2021

8100.27

CAPE CORAL PD

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Female

OKDiagnostics Check 23:47

0.000Air Blank 23:48

0.080Control Test 23:48

0.000Air Blank 23:48

# 1 0.142Subject Sample 23:49

2.328Breath Volume 23:49

0.000Air Blank 23:50

0.000Air Blank 23:51

# 2 0.144Subject Sample 23:52

1.769Breath Volume 23:52

0.000Air Blank 23:53

0.080Control Test 23:53

0.000Air Blank 23:53

OKDiagnostics Check 23:53

Data Download Date/Time: 01/12/2022 11:14

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

21:10:0312/05/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

20:43

20:39

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

WALSH

11/30/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 21:03

0.000Air Blank 21:04

0.080Control Test 21:04

0.000Air Blank 21:04

# 1 0.261Subject Sample 21:05

2.269Breath Volume 21:05

0.000Air Blank 21:06

0.000Air Blank 21:07

# 2 0.271Subject Sample 21:08

2.140Breath Volume 21:08

0.000Air Blank 21:09

0.078Control Test 21:09

0.000Air Blank 21:09

OKDiagnostics Check 21:10

Data Download Date/Time: 12/09/2021 16:08

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

03:39:3612/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:13

03:18

Sarasota County SO

BARR,J

07/05/2022

14020080A1

Sarasota County SO

BARR,J,

BARR

12/09/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 03:33

0.000Air Blank 03:33

0.079Control Test 03:34

0.000Air Blank 03:34

# 1 0.120Subject Sample 03:35

3.789Breath Volume 03:35

0.000Air Blank 03:35

0.000Air Blank 03:37

# 2 0.117Subject Sample 03:38

3.082Breath Volume 03:38

0.000Air Blank 03:38

0.079Control Test 03:38

0.000Air Blank 03:39

OKDiagnostics Check 03:39

Data Download Date/Time: 01/30/2022 20:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:41:5812/10/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

23:15

23:13

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

SHIRLEY

12/09/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 23:35

0.000Air Blank 23:35

0.079Control Test 23:36

0.000Air Blank 23:36

# 1 0.101Subject Sample 23:37

2.984Breath Volume 23:37

0.000Air Blank 23:38

0.000Air Blank 23:39

# 2 0.104Subject Sample 23:40

2.777Breath Volume 23:40

0.000Air Blank 23:41

0.078Control Test 23:41

0.000Air Blank 23:41

OKDiagnostics Check 23:41

Data Download Date/Time: 01/30/2022 20:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:17:0912/11/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

03:50

03:49

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

KERNAN

12/09/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:10

0.000Air Blank 04:11

0.079Control Test 04:11

0.000Air Blank 04:12

# 1 0.217Subject Sample 04:12

1.261Breath Volume 04:12

0.000Air Blank 04:13

0.000Air Blank 04:14

# 2 0.228Subject Sample 04:15

1.535Breath Volume 04:15

0.000Air Blank 04:16

0.078Control Test 04:16

0.000Air Blank 04:17

OKDiagnostics Check 04:17

Data Download Date/Time: 01/30/2022 20:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

04:49:5312/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

04:23

04:21

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

HOYT

12/09/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 04:43

0.000Air Blank 04:43

0.080Control Test 04:44

0.000Air Blank 04:44

# 1 0.239Subject Sample 04:45

4.890Breath Volume 04:45

0.000Air Blank 04:46

0.000Air Blank 04:47

# 2 0.240Subject Sample 04:48

4.964Breath Volume 04:48

0.000Air Blank 04:48

0.078Control Test 04:49

0.000Air Blank 04:49

OKDiagnostics Check 04:49

Data Download Date/Time: 01/30/2022 20:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.



80-000861CMI, Inc. Intoxilyzer 8000 Serial Number:

Florida Department of Law Enforcement

Subject Test Electronic Data

Alcohol Testing Program

23:01:0112/23/2021

OBSERVATION PERIOD BEGAN:

GENDER:ARRESTING OFFICER AGENCY:

VIOLATION CODE:BREATH TEST OPERATOR AGENCY:

SOFTWARE VERSION:

DUI

22:34

22:33

Sarasota County SO

ACKLEY,DEP

07/05/2022

14020080A1

Sarasota County SO

ACKLEY,DEP,M

LOUGHREY

12/09/2021

8100.27

SARASOTA COUNTY SO

LAST AGENCY INSPECTION:

DRY GAS EXPIRY DATE:

INSTRUMENT REGISTERED TO:

DRY GAS STANDARD LOT #:

BREATH TEST OPERATOR:

ARRESTING OFFICER:

Date or Time Changed:

ARREST TIME:

SUBJECT'S LAST NAME: DATE/TIME OF TEST:

No

Male

OKDiagnostics Check 22:54

0.000Air Blank 22:54

0.080Control Test 22:54

0.000Air Blank 22:55

# 1 0.000Subject Sample 22:56

3.453Breath Volume 22:56

0.000Air Blank 22:57

0.000Air Blank 22:59

# 2 0.000Subject Sample 22:59

3.191Breath Volume 22:59

0.000Air Blank 23:00

0.079Control Test 23:00

0.000Air Blank 23:00

OKDiagnostics Check 23:01

Data Download Date/Time: 01/30/2022 20:09

15 March 2022Printed:

COBRA ©1997-2014 CMI, Inc.


